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Definitions/Glossary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Qualifiers

Dioxin
Qualifier Description

* Isotope Dilution analyte  is outside acceptance limits.
Qualifier

4 MS, MSD: The analyte present in the original sample is greater than 4 times the matrix spike concentration; therefore, control limits are not 
applicable.

B Compound was found in the blank and sample.
F1 MS and/or MSD Recovery is outside acceptance limits.
F2 MS/MSD RPD exceeds control limits
I Value is EMPC (estimated maximum possible concentration).
J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.
q The reported result is the estimated maximum possible concentration of this analyte, quantitated using the theoretical ion ratio. The 

measured ion ratio does not meet qualitative identification criteria and indicates a possible interference.

Glossary
These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis
Abbreviation

%R Percent Recovery
CFL Contains Free Liquid
CNF Contains No Free Liquid
DER Duplicate Error Ratio (normalized absolute difference)
Dil Fac Dilution Factor
DL Detection Limit (DoD/DOE)
DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample
DLC Decision Level Concentration (Radiochemistry)
EDL Estimated Detection Limit (Dioxin)
LOD Limit of Detection (DoD/DOE)
LOQ Limit of Quantitation (DoD/DOE)
MDA Minimum Detectable Activity (Radiochemistry)
MDC Minimum Detectable Concentration (Radiochemistry)
MDL Method Detection Limit
ML Minimum Level (Dioxin)
NC Not Calculated
ND Not Detected at the reporting limit (or MDL or EDL if shown)
PQL Practical Quantitation Limit
QC Quality Control
RER Relative Error Ratio (Radiochemistry)
RL Reporting Limit or Requested Limit (Radiochemistry)
RPD Relative Percent Difference, a measure of the relative difference between two points
TEF Toxicity Equivalent Factor (Dioxin)
TEQ Toxicity Equivalent Quotient (Dioxin)

Eurofins TestAmerica, Knoxville
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CASE NARRATIVE

Client: GHD Services Inc.

Project: San Jacinto River Waste Pits Superfund

Report Number: 140-17578-1

With the exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no 
problems were encountered or anomalies observed.  In addition all laboratory quality control samples were within established control 
limits, with any exceptions noted below.  Each sample was analyzed to achieve the lowest possible reporting limit within the constraints of 
the method.  In some cases, due to interference or analytes present at high concentrations, samples were diluted.  For diluted samples, 
the reporting limits are adjusted relative to the dilution required.

Calculations are performed before rounding to avoid round-off errors in calculated results.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the 
individual sections below.

RECEIPT
The samples were received on 12/10/2019; the samples arrived in good condition, properly preserved and on ice.  The temperature of the 
coolers at receipt was 0.2 C.

The following samples were submitted for analysis; however, it was not listed on the Chain-of-Custody (COC): 
11187072-120619-SS-SJSSA06(4-6) (140-17578-12[MS]) and 11187072-120619-SS-SJSSA06(4-6) (140-17578-12[MSD])

NOTE:  Results for non-detect PCDD/PCDF analytes are reported using the Estimated Detection Limit (EDL) convention, which provides 
the lowest possible detection limits for each analyte in each sample based on the magnitude of chromatographic and detector ‘noise’ at 
the expected retention time of each analyte.  EDL values are typically well below 1 pg/g, and the TEQ-weighted sum of EDL values is 
below the targeted action limit of 30 pg/g in each reported sample.

DIOXINS
The following samples went through Gel-Permeation Cleanup procedure, based on EPA method 3640A:  
1187072-120419-SS-SJSSA08(0-1) (140-17578-1), 11187072-120419-SS-SJSSA08(1-2) (140-17578-2), 
11187072-120419-SS-SJSSA08(2-4) (140-17578-3), 11187072-120419-SS-SJSSA08(4-6) (140-17578-4), 
11187072-120619-SS-SJSSA03(0-1) (140-17578-5), 11187072-120619-SS-SJSSA03(1-2) (140-17578-6), 
11187072-120619-SS-SJSSA03(2-4) (140-17578-7), 11187072-120619-SS-SJSSA03(4-6) (140-17578-8), 
11187072-120619-SS-SJSSA06(0-1) (140-17578-9), 11187072-120619-SS-SJSSA06(1-2) (140-17578-10), 
11187072-120619-SS-SJSSA06(2-4) (140-17578-11), 11187072-120619-SS-SJSSA06(4-6) (140-17578-12), 
11187072-120619-SS-SJSSA06(4-6) (140-17578-12[MS]), 11187072-120619-SS-SJSSA06(4-6) (140-17578-12[MSD]), 
11187072-120619-SS-DUP1 (140-17578-13), 11187072-120719-SS-SJSSA02(2-4) (140-17578-14), 
11187072-120719-SS-SJSSA02(4-6) (140-17578-15), 11187072-120719-SS-SJSSA02(0-1) (140-17578-16) and 
11187072-120719-SS-SJSSA02(1-2) (140-17578-17).

Samples 11187072-120619-SS-SJSSA06(4-6) (140-17578-12) and 11187072-120619-SS-DUP1 (140-17578-13) required dilution prior to 
analysis.  The reporting limits have been adjusted accordingly.

One or more ion abundance ratios are outside criteria for the Isotope Dilution Analyte (IDA) associated with the following samples: 
11187072-120619-SS-SJSSA06(4-6) (140-17578-12) and 11187072-120619-SS-SJSSA06(4-6) (140-17578-12[MSD]). 

Several analytes were detected in method blank MB 140-35991/20-A at levels that were above the method detection limit but below the 
reporting limit.  The values should be considered estimates, and have been flagged.  If the associated sample reported a result above the 
MDL and/or RL, the result has been flagged.  

Several analytes failed the recovery criteria low for the MS/MSD of sample 11187072-120619-SS-SJSSA06(4-6)MS (140-17578-12) in 
batch 140-36167.  OCDD failed the recovery criteria high.  The presence of the '4' qualifier indicates analytes where the concentration in 
the unspiked sample exceeded four times the spiking amount.

PERCENT SOLIDS
The samples were analyzed for percent moisture using SOP number KNOX-WC-0012 (based on Modified MCAWW 160.3 and SM2540B 
and on the percent moisture determinations described in methods 3540C and 3550B).  
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Detection Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120419-SS-SJSSA08(0-1) Lab Sample ID: 140-17578-1

☼2,3,7,8-TCDD
RL

1.3 pg/g
EDL

0.13
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA14.1 1613B
☼Total TCDD 1.3 pg/g0.13 Total/NA16.4 B q 1613B
☼1,2,3,7,8-PeCDD 6.5 pg/g0.092 Total/NA10.20 J q 1613B
☼Total PeCDD 6.5 pg/g0.092 Total/NA12.4 J q 1613B
☼1,2,3,4,7,8-HxCDD 6.5 pg/g0.047 Total/NA10.31 J q 1613B
☼1,2,3,6,7,8-HxCDD 6.5 pg/g0.049 Total/NA10.57 J 1613B
☼1,2,3,7,8,9-HxCDD 6.5 pg/g0.045 Total/NA11.3 J 1613B
☼Total HxCDD 6.5 pg/g0.047 Total/NA118 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 6.5 pg/g0.15 Total/NA128 B 1613B
☼Total HpCDD 6.5 pg/g0.15 Total/NA189 B 1613B
☼OCDD 13 pg/g0.050 Total/NA1930 B 1613B
☼2,3,7,8-TCDF 1.3 pg/g0.46 Total/NA111 1613B
☼Total TCDF 1.3 pg/g0.11 Total/NA126 I B q 1613B
☼1,2,3,7,8-PeCDF 6.5 pg/g0.078 Total/NA10.49 J 1613B
☼2,3,4,7,8-PeCDF 6.5 pg/g0.073 Total/NA10.29 J 1613B
☼Total PeCDF 6.5 pg/g0.075 Total/NA13.6 J I q 1613B
☼1,2,3,4,7,8-HxCDF 6.5 pg/g0.12 Total/NA10.84 J 1613B
☼1,2,3,6,7,8-HxCDF 6.5 pg/g0.11 Total/NA10.37 J I q 1613B
☼Total HxCDF 6.5 pg/g0.13 Total/NA14.4 J I q 1613B
☼1,2,3,4,6,7,8-HpCDF 6.5 pg/g0.075 Total/NA13.1 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 6.5 pg/g0.12 Total/NA10.53 J B q 1613B
☼Total HpCDF 6.5 pg/g0.10 Total/NA17.1 B q 1613B
☼OCDF 13 pg/g0.17 Total/NA120 B 1613B

Client Sample ID: 11187072-120419-SS-SJSSA08(1-2) Lab Sample ID: 140-17578-2

☼2,3,7,8-TCDD
RL

1.5 pg/g
EDL

0.096
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA110 1613B
☼Total TCDD 1.5 pg/g0.096 Total/NA117 B q 1613B
☼1,2,3,7,8-PeCDD 7.3 pg/g0.066 Total/NA10.49 J q 1613B
☼Total PeCDD 7.3 pg/g0.066 Total/NA16.4 J q 1613B
☼1,2,3,4,7,8-HxCDD 7.3 pg/g0.052 Total/NA10.98 J 1613B
☼1,2,3,6,7,8-HxCDD 7.3 pg/g0.052 Total/NA11.7 J 1613B
☼1,2,3,7,8,9-HxCDD 7.3 pg/g0.049 Total/NA13.0 J 1613B
☼Total HxCDD 7.3 pg/g0.051 Total/NA150 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 7.3 pg/g0.17 Total/NA173 B 1613B
☼Total HpCDD 7.3 pg/g0.17 Total/NA1240 B 1613B
☼OCDD 15 pg/g0.049 Total/NA12600 B 1613B
☼2,3,7,8-TCDF 1.5 pg/g0.51 Total/NA132 1613B
☼Total TCDF 1.5 pg/g0.12 Total/NA168 I B q 1613B
☼1,2,3,7,8-PeCDF 7.3 pg/g0.062 Total/NA11.2 J 1613B
☼2,3,4,7,8-PeCDF 7.3 pg/g0.059 Total/NA10.86 J q 1613B
☼Total PeCDF 7.3 pg/g0.060 Total/NA17.3 I q 1613B
☼1,2,3,4,7,8-HxCDF 7.3 pg/g0.12 Total/NA12.5 J 1613B
☼1,2,3,6,7,8-HxCDF 7.3 pg/g0.11 Total/NA11.1 J I 1613B
☼2,3,4,6,7,8-HxCDF 7.3 pg/g0.13 Total/NA10.25 J q 1613B
☼Total HxCDF 7.3 pg/g0.13 Total/NA112 I q 1613B
☼1,2,3,4,6,7,8-HpCDF 7.3 pg/g0.12 Total/NA16.6 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 7.3 pg/g0.17 Total/NA11.0 J B 1613B
☼Total HpCDF 7.3 pg/g0.14 Total/NA116 B q 1613B
☼OCDF 15 pg/g0.026 Total/NA153 B 1613B

Eurofins TestAmerica, Knoxville

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120419-SS-SJSSA08(2-4) Lab Sample ID: 140-17578-3

☼2,3,7,8-TCDD
RL

1.8 pg/g
EDL

0.15
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA175 1613B
☼Total TCDD 1.8 pg/g0.15 Total/NA192 B q 1613B
☼1,2,3,7,8-PeCDD 8.9 pg/g0.27 Total/NA11.5 J 1613B
☼Total PeCDD 8.9 pg/g0.27 Total/NA111 q 1613B
☼1,2,3,4,7,8-HxCDD 8.9 pg/g0.093 Total/NA11.4 J 1613B
☼1,2,3,6,7,8-HxCDD 8.9 pg/g0.091 Total/NA12.6 J 1613B
☼1,2,3,7,8,9-HxCDD 8.9 pg/g0.086 Total/NA14.8 J 1613B
☼Total HxCDD 8.9 pg/g0.090 Total/NA180 B 1613B
☼1,2,3,4,6,7,8-HpCDD 8.9 pg/g0.14 Total/NA1110 B 1613B
☼Total HpCDD 8.9 pg/g0.14 Total/NA1370 B 1613B
☼OCDD 18 pg/g0.11 Total/NA13600 B 1613B
☼2,3,7,8-TCDF 1.8 pg/g0.93 Total/NA1260 1613B
☼Total TCDF 1.8 pg/g0.15 Total/NA1540 I B q 1613B
☼1,2,3,7,8-PeCDF 8.9 pg/g0.088 Total/NA16.9 J 1613B
☼2,3,4,7,8-PeCDF 8.9 pg/g0.084 Total/NA15.2 J 1613B
☼Total PeCDF 8.9 pg/g0.086 Total/NA127 I q 1613B
☼1,2,3,4,7,8-HxCDF 8.9 pg/g0.18 Total/NA110 1613B
☼1,2,3,6,7,8-HxCDF 8.9 pg/g0.17 Total/NA13.2 J 1613B
☼2,3,4,6,7,8-HxCDF 8.9 pg/g0.18 Total/NA10.59 J 1613B
☼1,2,3,7,8,9-HxCDF 8.9 pg/g0.24 Total/NA10.34 J q 1613B
☼Total HxCDF 8.9 pg/g0.19 Total/NA129 I q 1613B
☼1,2,3,4,6,7,8-HpCDF 8.9 pg/g0.17 Total/NA113 B 1613B
☼1,2,3,4,7,8,9-HpCDF 8.9 pg/g0.27 Total/NA12.2 J B 1613B
☼Total HpCDF 8.9 pg/g0.22 Total/NA129 B q 1613B
☼OCDF 18 pg/g0.60 Total/NA193 B 1613B

Client Sample ID: 11187072-120419-SS-SJSSA08(4-6) Lab Sample ID: 140-17578-4

☼2,3,7,8-TCDD
RL

1.4 pg/g
EDL

0.13
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA135 1613B
☼Total TCDD 1.4 pg/g0.13 Total/NA147 B q 1613B
☼1,2,3,7,8-PeCDD 7.1 pg/g0.12 Total/NA10.52 J 1613B
☼Total PeCDD 7.1 pg/g0.12 Total/NA18.2 q 1613B
☼1,2,3,4,7,8-HxCDD 7.1 pg/g0.21 Total/NA10.35 J q 1613B
☼1,2,3,6,7,8-HxCDD 7.1 pg/g0.20 Total/NA10.90 J 1613B
☼1,2,3,7,8,9-HxCDD 7.1 pg/g0.19 Total/NA12.3 J 1613B
☼Total HxCDD 7.1 pg/g0.20 Total/NA140 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 7.1 pg/g0.12 Total/NA135 B 1613B
☼Total HpCDD 7.1 pg/g0.12 Total/NA1130 B 1613B
☼OCDD 14 pg/g0.046 Total/NA1830 B 1613B
☼2,3,7,8-TCDF 1.4 pg/g0.69 Total/NA1120 1613B
☼Total TCDF 1.4 pg/g0.14 Total/NA1260 B q 1613B
☼1,2,3,7,8-PeCDF 7.1 pg/g0.14 Total/NA12.7 J 1613B
☼2,3,4,7,8-PeCDF 7.1 pg/g0.13 Total/NA12.6 J 1613B
☼Total PeCDF 7.1 pg/g0.14 Total/NA18.7 1613B
☼1,2,3,4,7,8-HxCDF 7.1 pg/g0.16 Total/NA14.0 J 1613B
☼1,2,3,6,7,8-HxCDF 7.1 pg/g0.15 Total/NA10.99 J q 1613B
☼Total HxCDF 7.1 pg/g0.17 Total/NA16.5 J I q 1613B
☼1,2,3,4,6,7,8-HpCDF 7.1 pg/g0.073 Total/NA12.3 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 7.1 pg/g0.12 Total/NA10.41 J B q 1613B
☼Total HpCDF 7.1 pg/g0.095 Total/NA14.6 J B q 1613B

Eurofins TestAmerica, Knoxville

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120419-SS-SJSSA08(4-6) 
(Continued)

Lab Sample ID: 140-17578-4

☼OCDF
RL

14 pg/g
EDL

0.087
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J B8.6 1613B

Client Sample ID: 11187072-120619-SS-SJSSA03(0-1) Lab Sample ID: 140-17578-5

☼2,3,7,8-TCDD
RL

1.6 pg/g
EDL

0.11
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA18.4 1613B
☼Total TCDD 1.6 pg/g0.11 Total/NA120 B q 1613B
☼1,2,3,7,8-PeCDD 8.2 pg/g0.083 Total/NA10.40 J 1613B
☼Total PeCDD 8.2 pg/g0.083 Total/NA112 q 1613B
☼1,2,3,4,7,8-HxCDD 8.2 pg/g0.28 Total/NA10.56 J 1613B
☼1,2,3,6,7,8-HxCDD 8.2 pg/g0.30 Total/NA10.79 J q 1613B
☼1,2,3,7,8,9-HxCDD 8.2 pg/g0.27 Total/NA12.7 J 1613B
☼Total HxCDD 8.2 pg/g0.28 Total/NA153 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 8.2 pg/g0.14 Total/NA141 B 1613B
☼Total HpCDD 8.2 pg/g0.14 Total/NA1160 B 1613B
☼OCDD 16 pg/g0.044 Total/NA1980 B 1613B
☼2,3,7,8-TCDF 1.6 pg/g0.60 Total/NA134 1613B
☼Total TCDF 1.6 pg/g0.15 Total/NA182 B q 1613B
☼1,2,3,7,8-PeCDF 8.2 pg/g0.15 Total/NA14.6 J 1613B
☼2,3,4,7,8-PeCDF 8.2 pg/g0.14 Total/NA14.9 J 1613B
☼Total PeCDF 8.2 pg/g0.15 Total/NA119 I q 1613B
☼1,2,3,4,7,8-HxCDF 8.2 pg/g0.071 Total/NA14.1 J 1613B
☼1,2,3,6,7,8-HxCDF 8.2 pg/g0.068 Total/NA11.2 J 1613B
☼2,3,4,6,7,8-HxCDF 8.2 pg/g0.075 Total/NA10.37 J 1613B
☼Total HxCDF 8.2 pg/g0.078 Total/NA18.8 I q 1613B
☼1,2,3,4,6,7,8-HpCDF 8.2 pg/g0.057 Total/NA12.2 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 8.2 pg/g0.087 Total/NA10.35 J B q 1613B
☼Total HpCDF 8.2 pg/g0.072 Total/NA15.0 J B q 1613B
☼OCDF 16 pg/g0.12 Total/NA110 J B 1613B

Client Sample ID: 11187072-120619-SS-SJSSA03(1-2) Lab Sample ID: 140-17578-6

☼2,3,7,8-TCDD
RL

1.4 pg/g
EDL

0.069
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA13.8 1613B
☼Total TCDD 1.4 pg/g0.069 Total/NA117 B q 1613B
☼1,2,3,7,8-PeCDD 7.0 pg/g0.12 Total/NA10.32 J 1613B
☼Total PeCDD 7.0 pg/g0.12 Total/NA111 q 1613B
☼1,2,3,4,7,8-HxCDD 7.0 pg/g0.27 Total/NA10.48 J q 1613B
☼1,2,3,6,7,8-HxCDD 7.0 pg/g0.28 Total/NA10.87 J q 1613B
☼1,2,3,7,8,9-HxCDD 7.0 pg/g0.26 Total/NA12.3 J 1613B
☼Total HxCDD 7.0 pg/g0.27 Total/NA153 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 7.0 pg/g0.11 Total/NA134 B 1613B
☼Total HpCDD 7.0 pg/g0.11 Total/NA1130 B 1613B
☼OCDD 14 pg/g0.053 Total/NA1810 B 1613B
☼2,3,7,8-TCDF 1.4 pg/g0.54 Total/NA112 1613B
☼Total TCDF 1.4 pg/g0.066 Total/NA128 B q 1613B
☼1,2,3,7,8-PeCDF 7.0 pg/g0.12 Total/NA10.32 J q 1613B
☼2,3,4,7,8-PeCDF 7.0 pg/g0.11 Total/NA10.26 J 1613B
☼Total PeCDF 7.0 pg/g0.11 Total/NA12.1 J I q 1613B
☼1,2,3,4,7,8-HxCDF 7.0 pg/g0.094 Total/NA10.66 J 1613B
☼Total HxCDF 7.0 pg/g0.11 Total/NA12.3 J I q 1613B

Eurofins TestAmerica, Knoxville

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA03(1-2) 
(Continued)

Lab Sample ID: 140-17578-6

☼1,2,3,4,6,7,8-HpCDF
RL

7.0 pg/g
EDL

0.037
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J B1.1 1613B
☼1,2,3,4,7,8,9-HpCDF 7.0 pg/g0.058 Total/NA10.23 J B 1613B
☼Total HpCDF 7.0 pg/g0.048 Total/NA12.8 J B 1613B
☼OCDF 14 pg/g0.15 Total/NA15.5 J B 1613B

Client Sample ID: 11187072-120619-SS-SJSSA03(2-4) Lab Sample ID: 140-17578-7

☼2,3,7,8-TCDD
RL

1.3 pg/g
EDL

0.074
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J q0.20 1613B
☼Total TCDD 1.3 pg/g0.074 Total/NA14.9 q B 1613B
☼1,2,3,7,8-PeCDD 6.4 pg/g0.070 Total/NA10.20 J q 1613B
☼Total PeCDD 6.4 pg/g0.070 Total/NA16.1 J q 1613B
☼1,2,3,4,7,8-HxCDD 6.4 pg/g0.035 Total/NA10.40 J 1613B
☼1,2,3,6,7,8-HxCDD 6.4 pg/g0.037 Total/NA10.56 J q 1613B
☼1,2,3,7,8,9-HxCDD 6.4 pg/g0.034 Total/NA12.2 J q 1613B
☼Total HxCDD 6.4 pg/g0.035 Total/NA132 q B 1613B
☼1,2,3,4,6,7,8-HpCDD 6.4 pg/g0.13 Total/NA130 B 1613B
☼Total HpCDD 6.4 pg/g0.13 Total/NA1110 B 1613B
☼OCDD 13 pg/g0.031 Total/NA1700 B 1613B
☼2,3,7,8-TCDF 1.3 pg/g0.061 Total/NA10.92 J q 1613B
☼Total TCDF 1.3 pg/g0.061 Total/NA12.8 q B 1613B
☼Total PeCDF 6.4 pg/g0.087 Total/NA10.78 J I q 1613B
☼Total HxCDF 6.4 pg/g0.092 Total/NA10.52 J I 1613B
☼1,2,3,4,6,7,8-HpCDF 6.4 pg/g0.053 Total/NA10.42 J B 1613B
☼Total HpCDF 6.4 pg/g0.067 Total/NA10.98 J B 1613B
☼OCDF 13 pg/g0.080 Total/NA11.6 J B 1613B

Client Sample ID: 11187072-120619-SS-SJSSA03(4-6) Lab Sample ID: 140-17578-8

☼2,3,7,8-TCDD
RL

1.5 pg/g
EDL

0.093
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA18.5 1613B
☼Total TCDD 1.5 pg/g0.093 Total/NA115 B q 1613B
☼1,2,3,7,8-PeCDD 7.3 pg/g0.058 Total/NA10.62 J q 1613B
☼Total PeCDD 7.3 pg/g0.058 Total/NA19.3 q 1613B
☼1,2,3,4,7,8-HxCDD 7.3 pg/g0.068 Total/NA10.95 J q 1613B
☼1,2,3,6,7,8-HxCDD 7.3 pg/g0.073 Total/NA12.7 J 1613B
☼1,2,3,7,8,9-HxCDD 7.3 pg/g0.066 Total/NA13.9 J 1613B
☼Total HxCDD 7.3 pg/g0.069 Total/NA161 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 7.3 pg/g0.11 Total/NA190 B 1613B
☼Total HpCDD 7.3 pg/g0.11 Total/NA1270 B 1613B
☼OCDD 15 pg/g0.045 Total/NA12300 B 1613B
☼2,3,7,8-TCDF 1.5 pg/g0.39 Total/NA124 1613B
☼Total TCDF 1.5 pg/g0.13 Total/NA158 I B q 1613B
☼1,2,3,7,8-PeCDF 7.3 pg/g0.081 Total/NA11.1 J 1613B
☼2,3,4,7,8-PeCDF 7.3 pg/g0.076 Total/NA10.89 J 1613B
☼Total PeCDF 7.3 pg/g0.078 Total/NA116 I q 1613B
☼1,2,3,4,7,8-HxCDF 7.3 pg/g0.15 Total/NA12.6 J 1613B
☼1,2,3,6,7,8-HxCDF 7.3 pg/g0.14 Total/NA11.5 J I 1613B
☼2,3,4,6,7,8-HxCDF 7.3 pg/g0.16 Total/NA10.34 J q 1613B
☼Total HxCDF 7.3 pg/g0.16 Total/NA124 I q 1613B
☼1,2,3,4,6,7,8-HpCDF 7.3 pg/g0.13 Total/NA111 B 1613B

Eurofins TestAmerica, Knoxville

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA03(4-6) 
(Continued)

Lab Sample ID: 140-17578-8

☼1,2,3,4,7,8,9-HpCDF
RL

7.3 pg/g
EDL

0.19
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J B q1.5 1613B
☼Total HpCDF 7.3 pg/g0.16 Total/NA127 B q 1613B
☼OCDF 15 pg/g0.11 Total/NA1120 B 1613B

Client Sample ID: 11187072-120619-SS-SJSSA06(0-1) Lab Sample ID: 140-17578-9

☼2,3,7,8-TCDD
RL

1.2 pg/g
EDL

0.13
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA174 1613B
☼Total TCDD 1.2 pg/g0.13 Total/NA184 B q 1613B
☼1,2,3,7,8-PeCDD 5.8 pg/g0.032 Total/NA10.69 J 1613B
☼Total PeCDD 5.8 pg/g0.032 Total/NA12.7 J q 1613B
☼1,2,3,4,7,8-HxCDD 5.8 pg/g0.023 Total/NA10.20 J q 1613B
☼1,2,3,6,7,8-HxCDD 5.8 pg/g0.023 Total/NA10.45 J 1613B
☼1,2,3,7,8,9-HxCDD 5.8 pg/g0.022 Total/NA10.87 J 1613B
☼Total HxCDD 5.8 pg/g0.022 Total/NA114 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 5.8 pg/g0.17 Total/NA116 B 1613B
☼Total HpCDD 5.8 pg/g0.17 Total/NA155 B 1613B
☼OCDD 12 pg/g0.072 Total/NA1380 B 1613B
☼2,3,7,8-TCDF 1.2 pg/g0.70 Total/NA1270 1613B
☼Total TCDF 1.2 pg/g0.11 Total/NA1600 B q 1613B
☼1,2,3,7,8-PeCDF 5.8 pg/g0.069 Total/NA16.6 1613B
☼2,3,4,7,8-PeCDF 5.8 pg/g0.062 Total/NA14.7 J 1613B
☼Total PeCDF 5.8 pg/g0.066 Total/NA119 q 1613B
☼1,2,3,4,7,8-HxCDF 5.8 pg/g0.056 Total/NA19.6 1613B
☼1,2,3,6,7,8-HxCDF 5.8 pg/g0.053 Total/NA12.3 J 1613B
☼2,3,4,6,7,8-HxCDF 5.8 pg/g0.059 Total/NA10.35 J q 1613B
☼1,2,3,7,8,9-HxCDF 5.8 pg/g0.076 Total/NA10.24 J 1613B
☼Total HxCDF 5.8 pg/g0.061 Total/NA116 I q 1613B
☼1,2,3,4,6,7,8-HpCDF 5.8 pg/g0.048 Total/NA13.1 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 5.8 pg/g0.080 Total/NA10.79 J B q 1613B
☼Total HpCDF 5.8 pg/g0.064 Total/NA16.1 B q 1613B
☼OCDF 12 pg/g0.053 Total/NA110 J B 1613B

Client Sample ID: 11187072-120619-SS-SJSSA06(1-2) Lab Sample ID: 140-17578-10

☼2,3,7,8-TCDD
RL

1.1 pg/g
EDL

0.13
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA183 1613B
☼Total TCDD 1.1 pg/g0.13 Total/NA194 B q 1613B
☼1,2,3,7,8-PeCDD 5.5 pg/g0.036 Total/NA10.70 J 1613B
☼Total PeCDD 5.5 pg/g0.036 Total/NA12.2 J q 1613B
☼1,2,3,4,7,8-HxCDD 5.5 pg/g0.026 Total/NA10.20 J 1613B
☼1,2,3,6,7,8-HxCDD 5.5 pg/g0.025 Total/NA10.24 J 1613B
☼1,2,3,7,8,9-HxCDD 5.5 pg/g0.024 Total/NA10.72 J 1613B
☼Total HxCDD 5.5 pg/g0.025 Total/NA111 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 5.5 pg/g0.10 Total/NA19.9 B 1613B
☼Total HpCDD 5.5 pg/g0.10 Total/NA138 B 1613B
☼OCDD 11 pg/g0.028 Total/NA1210 B 1613B
☼2,3,7,8-TCDF 1.1 pg/g0.66 Total/NA1300 1613B
☼Total TCDF 1.1 pg/g0.10 Total/NA1650 B q 1613B
☼1,2,3,7,8-PeCDF 5.5 pg/g0.041 Total/NA16.2 1613B
☼2,3,4,7,8-PeCDF 5.5 pg/g0.038 Total/NA15.1 J 1613B

Eurofins TestAmerica, Knoxville

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA06(1-2) 
(Continued)

Lab Sample ID: 140-17578-10

☼Total PeCDF
RL

5.5 pg/g
EDL

0.040
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1q20 1613B
☼1,2,3,4,7,8-HxCDF 5.5 pg/g0.053 Total/NA19.2 1613B
☼1,2,3,6,7,8-HxCDF 5.5 pg/g0.049 Total/NA12.4 J 1613B
☼2,3,4,6,7,8-HxCDF 5.5 pg/g0.055 Total/NA10.32 J q 1613B
☼1,2,3,7,8,9-HxCDF 5.5 pg/g0.071 Total/NA10.17 J q 1613B
☼Total HxCDF 5.5 pg/g0.057 Total/NA115 I q 1613B
☼1,2,3,4,6,7,8-HpCDF 5.5 pg/g0.041 Total/NA12.7 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 5.5 pg/g0.064 Total/NA11.0 J B 1613B
☼Total HpCDF 5.5 pg/g0.052 Total/NA15.3 J B 1613B
☼OCDF 11 pg/g0.046 Total/NA14.8 J B 1613B

Client Sample ID: 11187072-120619-SS-SJSSA06(2-4) Lab Sample ID: 140-17578-11

☼2,3,7,8-TCDD
RL

1.2 pg/g
EDL

0.11
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA182 1613B
☼Total TCDD 1.2 pg/g0.11 Total/NA194 B q 1613B
☼1,2,3,7,8-PeCDD 5.9 pg/g0.13 Total/NA10.68 J q 1613B
☼Total PeCDD 5.9 pg/g0.13 Total/NA12.2 J q 1613B
☼1,2,3,4,7,8-HxCDD 5.9 pg/g0.035 Total/NA10.16 J 1613B
☼1,2,3,6,7,8-HxCDD 5.9 pg/g0.035 Total/NA10.42 J q 1613B
☼1,2,3,7,8,9-HxCDD 5.9 pg/g0.033 Total/NA10.58 J q 1613B
☼Total HxCDD 5.9 pg/g0.034 Total/NA111 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 5.9 pg/g0.089 Total/NA19.3 B 1613B
☼Total HpCDD 5.9 pg/g0.089 Total/NA135 B 1613B
☼OCDD 12 pg/g0.042 Total/NA1200 B 1613B
☼2,3,7,8-TCDF 1.2 pg/g0.75 Total/NA1290 1613B
☼Total TCDF 1.2 pg/g0.15 Total/NA1640 B 1613B
☼1,2,3,7,8-PeCDF 5.9 pg/g0.039 Total/NA16.2 1613B
☼2,3,4,7,8-PeCDF 5.9 pg/g0.041 Total/NA15.4 J 1613B
☼Total PeCDF 5.9 pg/g0.040 Total/NA120 q 1613B
☼1,2,3,4,7,8-HxCDF 5.9 pg/g0.065 Total/NA19.7 1613B
☼1,2,3,6,7,8-HxCDF 5.9 pg/g0.061 Total/NA12.3 J 1613B
☼2,3,4,6,7,8-HxCDF 5.9 pg/g0.068 Total/NA10.37 J 1613B
☼1,2,3,7,8,9-HxCDF 5.9 pg/g0.092 Total/NA10.15 J q 1613B
☼Total HxCDF 5.9 pg/g0.072 Total/NA115 q 1613B
☼1,2,3,4,6,7,8-HpCDF 5.9 pg/g0.042 Total/NA12.8 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 5.9 pg/g0.071 Total/NA10.93 J B q 1613B
☼Total HpCDF 5.9 pg/g0.056 Total/NA14.3 J B q 1613B
☼OCDF 12 pg/g0.042 Total/NA13.4 J B 1613B

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6) Lab Sample ID: 140-17578-12

☼2,3,7,8-TCDD
RL

17 pg/g
EDL

2.4
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA102800 1613B
☼Total TCDD 17 pg/g2.4 Total/NA103100 B 1613B
☼1,2,3,7,8-PeCDD 83 pg/g3.2 Total/NA1025 J 1613B
☼Total PeCDD 83 pg/g3.2 Total/NA1028 J q 1613B
☼1,2,3,7,8,9-HxCDD 83 pg/g0.61 Total/NA104.0 J F2 1613B
☼Total HxCDD 83 pg/g0.63 Total/NA1062 J B 1613B
☼1,2,3,4,6,7,8-HpCDD 83 pg/g0.62 Total/NA1075 J B 1613B
☼Total HpCDD 83 pg/g0.62 Total/NA10250 B 1613B

Eurofins TestAmerica, Knoxville

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6) 
(Continued)

Lab Sample ID: 140-17578-12

☼OCDD
RL

170 pg/g
EDL

0.52
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA10B F11300 1613B
☼2,3,7,8-TCDF 25 pg/g12 Total/NA153900 1613B
☼Total TCDF 17 pg/g1.2 Total/NA1017000 B q 1613B
☼1,2,3,7,8-PeCDF 83 pg/g0.47 Total/NA10250 F1 1613B
☼2,3,4,7,8-PeCDF 83 pg/g0.44 Total/NA10170 F1 1613B
☼Total PeCDF 83 pg/g0.45 Total/NA10700 I q 1613B
☼1,2,3,4,7,8-HxCDF 83 pg/g2.7 Total/NA10420 F1 1613B
☼1,2,3,6,7,8-HxCDF 83 pg/g2.5 Total/NA10110 F1 1613B
☼2,3,4,6,7,8-HxCDF 83 pg/g2.7 Total/NA1011 J 1613B
☼1,2,3,7,8,9-HxCDF 83 pg/g3.4 Total/NA107.3 J q 1613B
☼Total HxCDF 83 pg/g2.8 Total/NA10630 I q 1613B
☼1,2,3,4,6,7,8-HpCDF 83 pg/g0.081 Total/NA10100 F1 B 1613B
☼1,2,3,4,7,8,9-HpCDF 83 pg/g0.15 Total/NA1041 J B 1613B
☼Total HpCDF 83 pg/g0.11 Total/NA10180 B q 1613B
☼OCDF 170 pg/g1.4 Total/NA1046 J B 1613B

Client Sample ID: 11187072-120619-SS-DUP1 Lab Sample ID: 140-17578-13

☼2,3,7,8-TCDD
RL

1.8 pg/g
EDL

0.56
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1360 1613B
☼Total TCDD 1.8 pg/g0.56 Total/NA1420 B q 1613B
☼1,2,3,7,8-PeCDD 9.2 pg/g0.18 Total/NA17.7 J 1613B
☼Total PeCDD 9.2 pg/g0.18 Total/NA111 q 1613B
☼1,2,3,4,7,8-HxCDD 9.2 pg/g0.064 Total/NA10.71 J q 1613B
☼1,2,3,6,7,8-HxCDD 9.2 pg/g0.063 Total/NA10.91 J 1613B
☼1,2,3,7,8,9-HxCDD 9.2 pg/g0.059 Total/NA11.2 J 1613B
☼Total HxCDD 9.2 pg/g0.062 Total/NA118 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 9.2 pg/g0.25 Total/NA112 B 1613B
☼Total HpCDD 9.2 pg/g0.25 Total/NA142 B 1613B
☼OCDD 18 pg/g0.067 Total/NA1230 B 1613B
☼2,3,7,8-TCDF 9.2 pg/g3.2 Total/NA51900 1613B
☼Total TCDF 1.8 pg/g0.57 Total/NA14500 B q 1613B
☼1,2,3,7,8-PeCDF 9.2 pg/g0.23 Total/NA1160 1613B
☼2,3,4,7,8-PeCDF 9.2 pg/g0.22 Total/NA1190 1613B
☼Total PeCDF 9.2 pg/g0.22 Total/NA1530 I 1613B
☼1,2,3,4,7,8-HxCDF 9.2 pg/g0.78 Total/NA1120 1613B
☼1,2,3,6,7,8-HxCDF 9.2 pg/g0.77 Total/NA131 1613B
☼2,3,4,6,7,8-HxCDF 9.2 pg/g0.88 Total/NA19.5 1613B
☼1,2,3,7,8,9-HxCDF 9.2 pg/g1.1 Total/NA12.8 J 1613B
☼Total HxCDF 9.2 pg/g0.89 Total/NA1190 q 1613B
☼1,2,3,4,6,7,8-HpCDF 9.2 pg/g0.077 Total/NA119 B 1613B
☼1,2,3,4,7,8,9-HpCDF 9.2 pg/g0.12 Total/NA19.3 B 1613B
☼Total HpCDF 9.2 pg/g0.099 Total/NA134 B q 1613B
☼OCDF 18 pg/g0.079 Total/NA19.0 J B 1613B

Client Sample ID: 11187072-120719-SS-SJSSA02(2-4) Lab Sample ID: 140-17578-14

☼2,3,7,8-TCDD
RL

1.3 pg/g
EDL

0.099
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA16.8 1613B
☼Total TCDD 1.3 pg/g0.099 Total/NA120 B q 1613B
☼1,2,3,7,8-PeCDD 6.4 pg/g0.063 Total/NA10.42 J q 1613B

Eurofins TestAmerica, Knoxville

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA02(2-4) 
(Continued)

Lab Sample ID: 140-17578-14

☼Total PeCDD
RL

6.4 pg/g
EDL

0.063
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1q11 1613B
☼1,2,3,4,7,8-HxCDD 6.4 pg/g0.13 Total/NA10.39 J q 1613B
☼1,2,3,6,7,8-HxCDD 6.4 pg/g0.13 Total/NA11.1 J 1613B
☼1,2,3,7,8,9-HxCDD 6.4 pg/g0.12 Total/NA12.3 J 1613B
☼Total HxCDD 6.4 pg/g0.13 Total/NA151 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 6.4 pg/g0.21 Total/NA144 B 1613B
☼Total HpCDD 6.4 pg/g0.21 Total/NA1150 B 1613B
☼OCDD 13 pg/g0.061 Total/NA11000 B 1613B
☼2,3,7,8-TCDF 1.3 pg/g0.19 Total/NA118 1613B
☼Total TCDF 1.3 pg/g0.14 Total/NA149 I B q 1613B
☼1,2,3,7,8-PeCDF 6.4 pg/g0.18 Total/NA11.3 J 1613B
☼2,3,4,7,8-PeCDF 6.4 pg/g0.17 Total/NA11.2 J 1613B
☼Total PeCDF 6.4 pg/g0.17 Total/NA16.1 J I q 1613B
☼1,2,3,4,7,8-HxCDF 6.4 pg/g0.16 Total/NA12.3 J 1613B
☼1,2,3,6,7,8-HxCDF 6.4 pg/g0.15 Total/NA10.73 J I q 1613B
☼2,3,4,6,7,8-HxCDF 6.4 pg/g0.17 Total/NA10.25 J 1613B
☼Total HxCDF 6.4 pg/g0.17 Total/NA18.7 I q 1613B
☼1,2,3,4,6,7,8-HpCDF 6.4 pg/g0.071 Total/NA14.2 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 6.4 pg/g0.10 Total/NA10.77 J B 1613B
☼Total HpCDF 6.4 pg/g0.086 Total/NA111 B 1613B
☼OCDF 13 pg/g0.017 Total/NA125 B 1613B

Client Sample ID: 11187072-120719-SS-SJSSA02(4-6) Lab Sample ID: 140-17578-15

☼2,3,7,8-TCDD
RL

1.2 pg/g
EDL

0.081
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J q0.62 1613B
☼Total TCDD 1.2 pg/g0.081 Total/NA15.2 B q 1613B
☼Total PeCDD 6.2 pg/g0.080 Total/NA14.6 J q 1613B
☼1,2,3,4,7,8-HxCDD 6.2 pg/g0.091 Total/NA10.39 J 1613B
☼1,2,3,6,7,8-HxCDD 6.2 pg/g0.088 Total/NA10.54 J 1613B
☼1,2,3,7,8,9-HxCDD 6.2 pg/g0.084 Total/NA11.0 J q 1613B
☼Total HxCDD 6.2 pg/g0.088 Total/NA126 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 6.2 pg/g0.17 Total/NA122 B 1613B
☼Total HpCDD 6.2 pg/g0.17 Total/NA170 B 1613B
☼OCDD 12 pg/g0.022 Total/NA1450 B 1613B
☼2,3,7,8-TCDF 1.2 pg/g0.18 Total/NA12.0 1613B
☼Total TCDF 1.2 pg/g0.079 Total/NA15.0 B q 1613B
☼2,3,4,7,8-PeCDF 6.2 pg/g0.10 Total/NA10.26 J 1613B
☼Total PeCDF 6.2 pg/g0.10 Total/NA10.88 J I q 1613B
☼1,2,3,4,7,8-HxCDF 6.2 pg/g0.079 Total/NA10.42 J 1613B
☼1,2,3,6,7,8-HxCDF 6.2 pg/g0.075 Total/NA10.23 J 1613B
☼Total HxCDF 6.2 pg/g0.087 Total/NA12.2 J I q 1613B
☼1,2,3,4,6,7,8-HpCDF 6.2 pg/g0.043 Total/NA10.90 J B 1613B
☼Total HpCDF 6.2 pg/g0.053 Total/NA12.3 J B q 1613B
☼OCDF 12 pg/g0.099 Total/NA15.3 J B 1613B

Client Sample ID: 11187072-120719-SS-SJSSA02(0-1) Lab Sample ID: 140-17578-16

☼2,3,7,8-TCDD
RL

1.4 pg/g
EDL

0.12
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J q1.1 1613B
☼Total TCDD 1.4 pg/g0.12 Total/NA17.0 B q 1613B

Eurofins TestAmerica, Knoxville

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA02(0-1) 
(Continued)

Lab Sample ID: 140-17578-16

☼Total PeCDD
RL

7.1 pg/g
EDL

0.062
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J q4.3 1613B
☼1,2,3,6,7,8-HxCDD 7.1 pg/g0.14 Total/NA10.32 J q 1613B
☼1,2,3,7,8,9-HxCDD 7.1 pg/g0.13 Total/NA10.80 J 1613B
☼Total HxCDD 7.1 pg/g0.14 Total/NA118 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 7.1 pg/g0.090 Total/NA114 B q 1613B
☼Total HpCDD 7.1 pg/g0.090 Total/NA148 B q 1613B
☼OCDD 14 pg/g0.0088 Total/NA1400 B 1613B
☼2,3,7,8-TCDF 1.4 pg/g0.17 Total/NA13.6 q 1613B
☼Total TCDF 1.4 pg/g0.094 Total/NA17.7 B q 1613B
☼Total HxCDF 7.1 pg/g0.10 Total/NA10.85 J I q 1613B
☼1,2,3,4,6,7,8-HpCDF 7.1 pg/g0.039 Total/NA10.67 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 7.1 pg/g0.061 Total/NA10.083 J B q 1613B
☼Total HpCDF 7.1 pg/g0.050 Total/NA11.5 J B q 1613B
☼OCDF 14 pg/g0.018 Total/NA13.8 J B 1613B

Client Sample ID: 11187072-120719-SS-SJSSA02(1-2) Lab Sample ID: 140-17578-17

☼2,3,7,8-TCDD
RL

1.4 pg/g
EDL

0.093
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J1.1 1613B
☼Total TCDD 1.4 pg/g0.093 Total/NA111 B q 1613B
☼1,2,3,7,8-PeCDD 7.0 pg/g0.065 Total/NA10.17 J q 1613B
☼Total PeCDD 7.0 pg/g0.065 Total/NA18.8 q 1613B
☼1,2,3,4,7,8-HxCDD 7.0 pg/g0.17 Total/NA10.33 J q 1613B
☼1,2,3,6,7,8-HxCDD 7.0 pg/g0.17 Total/NA10.42 J 1613B
☼1,2,3,7,8,9-HxCDD 7.0 pg/g0.16 Total/NA11.4 J 1613B
☼Total HxCDD 7.0 pg/g0.17 Total/NA134 B q 1613B
☼1,2,3,4,6,7,8-HpCDD 7.0 pg/g0.17 Total/NA121 B 1613B
☼Total HpCDD 7.0 pg/g0.17 Total/NA177 B 1613B
☼OCDD 14 pg/g0.024 Total/NA1510 B 1613B
☼2,3,7,8-TCDF 1.4 pg/g0.28 Total/NA13.2 1613B
☼Total TCDF 1.4 pg/g0.072 Total/NA16.8 B q 1613B
☼Total PeCDF 7.0 pg/g0.062 Total/NA11.1 J q 1613B
☼1,2,3,4,7,8-HxCDF 7.0 pg/g0.084 Total/NA11.1 J 1613B
☼1,2,3,6,7,8-HxCDF 7.0 pg/g0.087 Total/NA10.35 J 1613B
☼Total HxCDF 7.0 pg/g0.094 Total/NA13.1 J I q 1613B
☼1,2,3,4,6,7,8-HpCDF 7.0 pg/g0.10 Total/NA12.6 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 7.0 pg/g0.17 Total/NA10.52 J B 1613B
☼Total HpCDF 7.0 pg/g0.13 Total/NA14.8 J B q 1613B
☼OCDF 14 pg/g0.12 Total/NA14.3 J B q 1613B

Eurofins TestAmerica, Knoxville

This Detection Summary does not include radiochemical test results.
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-1Client Sample ID: 11187072-120419-SS-SJSSA08(0-1)
Matrix: SedimentDate Collected: 12/04/19 15:30

Percent Solids: 76.3Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 4.1 1.3 0.13 pg/g ☼ 12/11/19 10:49 12/17/19 05:02 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.3 0.13 pg/g 12/11/19 10:49 12/17/19 05:02 1☼Total TCDD 6.4 B q

6.5 0.092 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,7,8-PeCDD 0.20 J q

6.5 0.092 pg/g 12/11/19 10:49 12/17/19 05:02 1☼Total PeCDD 2.4 J q

6.5 0.047 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,4,7,8-HxCDD 0.31 J q

6.5 0.049 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,6,7,8-HxCDD 0.57 J

6.5 0.045 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,7,8,9-HxCDD 1.3 J

6.5 0.047 pg/g 12/11/19 10:49 12/17/19 05:02 1☼Total HxCDD 18 B q

6.5 0.15 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,4,6,7,8-HpCDD 28 B

6.5 0.15 pg/g 12/11/19 10:49 12/17/19 05:02 1☼Total HpCDD 89 B

13 0.050 pg/g 12/11/19 10:49 12/17/19 05:02 1☼OCDD 930 B

1.3 0.46 pg/g 12/11/19 10:49 12/18/19 03:24 1☼2,3,7,8-TCDF 11

1.3 0.11 pg/g 12/11/19 10:49 12/17/19 05:02 1☼Total TCDF 26 I B q

6.5 0.078 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,7,8-PeCDF 0.49 J

6.5 0.073 pg/g 12/11/19 10:49 12/17/19 05:02 1☼2,3,4,7,8-PeCDF 0.29 J

6.5 0.075 pg/g 12/11/19 10:49 12/17/19 05:02 1☼Total PeCDF 3.6 J I q

6.5 0.12 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,4,7,8-HxCDF 0.84 J

6.5 0.11 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,6,7,8-HxCDF 0.37 J I q

6.5 0.12 pg/g 12/11/19 10:49 12/17/19 05:02 1☼2,3,4,6,7,8-HxCDF ND
6.5 0.16 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,7,8,9-HxCDF ND
6.5 0.13 pg/g 12/11/19 10:49 12/17/19 05:02 1☼Total HxCDF 4.4 J I q

6.5 0.075 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,4,6,7,8-HpCDF 3.1 J B

6.5 0.12 pg/g 12/11/19 10:49 12/17/19 05:02 1☼1,2,3,4,7,8,9-HpCDF 0.53 J B q

6.5 0.10 pg/g 12/11/19 10:49 12/17/19 05:02 1☼Total HpCDF 7.1 B q

13 0.17 pg/g 12/11/19 10:49 12/17/19 05:02 1☼OCDF 20 B

13C-2,3,7,8-TCDD 64 25 - 164 12/11/19 10:49 12/17/19 05:02 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 67 12/11/19 10:49 12/17/19 05:02 125 - 181

13C-1,2,3,4,7,8-HxCDD 66 12/11/19 10:49 12/17/19 05:02 132 - 141

13C-1,2,3,6,7,8-HxCDD 75 12/11/19 10:49 12/17/19 05:02 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 71 12/11/19 10:49 12/17/19 05:02 123 - 140

13C-OCDD 60 12/11/19 10:49 12/17/19 05:02 117 - 157

13C-2,3,7,8-TCDF 66 12/11/19 10:49 12/17/19 05:02 124 - 169

13C-2,3,7,8-TCDF 63 12/11/19 10:49 12/18/19 03:24 124 - 169

13C-1,2,3,7,8-PeCDF 66 12/11/19 10:49 12/17/19 05:02 124 - 185

13C-2,3,4,7,8-PeCDF 68 12/11/19 10:49 12/17/19 05:02 121 - 178

13C-1,2,3,4,7,8-HxCDF 70 12/11/19 10:49 12/17/19 05:02 126 - 152

13C-1,2,3,6,7,8-HxCDF 71 12/11/19 10:49 12/17/19 05:02 126 - 123

13C-2,3,4,6,7,8-HxCDF 69 12/11/19 10:49 12/17/19 05:02 128 - 136

13C-1,2,3,7,8,9-HxCDF 69 12/11/19 10:49 12/17/19 05:02 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 67 12/11/19 10:49 12/17/19 05:02 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 62 12/11/19 10:49 12/17/19 05:02 126 - 138

13C-OCDF 60 12/11/19 10:49 12/17/19 05:02 117 - 157

37Cl4-2,3,7,8-TCDD 72 35 - 197 12/11/19 10:49 12/17/19 05:02 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-2Client Sample ID: 11187072-120419-SS-SJSSA08(1-2)
Matrix: SedimentDate Collected: 12/04/19 15:35

Percent Solids: 67.5Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 10 1.5 0.096 pg/g ☼ 12/11/19 10:49 12/17/19 06:03 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.5 0.096 pg/g 12/11/19 10:49 12/17/19 06:03 1☼Total TCDD 17 B q

7.3 0.066 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,7,8-PeCDD 0.49 J q

7.3 0.066 pg/g 12/11/19 10:49 12/17/19 06:03 1☼Total PeCDD 6.4 J q

7.3 0.052 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,4,7,8-HxCDD 0.98 J

7.3 0.052 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,6,7,8-HxCDD 1.7 J

7.3 0.049 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,7,8,9-HxCDD 3.0 J

7.3 0.051 pg/g 12/11/19 10:49 12/17/19 06:03 1☼Total HxCDD 50 B q

7.3 0.17 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,4,6,7,8-HpCDD 73 B

7.3 0.17 pg/g 12/11/19 10:49 12/17/19 06:03 1☼Total HpCDD 240 B

15 0.049 pg/g 12/11/19 10:49 12/17/19 06:03 1☼OCDD 2600 B

1.5 0.51 pg/g 12/11/19 10:49 12/18/19 04:33 1☼2,3,7,8-TCDF 32

1.5 0.12 pg/g 12/11/19 10:49 12/17/19 06:03 1☼Total TCDF 68 I B q

7.3 0.062 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,7,8-PeCDF 1.2 J

7.3 0.059 pg/g 12/11/19 10:49 12/17/19 06:03 1☼2,3,4,7,8-PeCDF 0.86 J q

7.3 0.060 pg/g 12/11/19 10:49 12/17/19 06:03 1☼Total PeCDF 7.3 I q

7.3 0.12 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,4,7,8-HxCDF 2.5 J

7.3 0.11 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,6,7,8-HxCDF 1.1 J I

7.3 0.13 pg/g 12/11/19 10:49 12/17/19 06:03 1☼2,3,4,6,7,8-HxCDF 0.25 J q

7.3 0.16 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,7,8,9-HxCDF ND
7.3 0.13 pg/g 12/11/19 10:49 12/17/19 06:03 1☼Total HxCDF 12 I q

7.3 0.12 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,4,6,7,8-HpCDF 6.6 J B

7.3 0.17 pg/g 12/11/19 10:49 12/17/19 06:03 1☼1,2,3,4,7,8,9-HpCDF 1.0 J B

7.3 0.14 pg/g 12/11/19 10:49 12/17/19 06:03 1☼Total HpCDF 16 B q

15 0.026 pg/g 12/11/19 10:49 12/17/19 06:03 1☼OCDF 53 B

13C-2,3,7,8-TCDD 64 25 - 164 12/11/19 10:49 12/17/19 06:03 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 70 12/11/19 10:49 12/17/19 06:03 125 - 181

13C-1,2,3,4,7,8-HxCDD 65 12/11/19 10:49 12/17/19 06:03 132 - 141

13C-1,2,3,6,7,8-HxCDD 71 12/11/19 10:49 12/17/19 06:03 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 70 12/11/19 10:49 12/17/19 06:03 123 - 140

13C-OCDD 68 12/11/19 10:49 12/17/19 06:03 117 - 157

13C-2,3,7,8-TCDF 63 12/11/19 10:49 12/17/19 06:03 124 - 169

13C-2,3,7,8-TCDF 58 12/11/19 10:49 12/18/19 04:33 124 - 169

13C-1,2,3,7,8-PeCDF 68 12/11/19 10:49 12/17/19 06:03 124 - 185

13C-2,3,4,7,8-PeCDF 66 12/11/19 10:49 12/17/19 06:03 121 - 178

13C-1,2,3,4,7,8-HxCDF 66 12/11/19 10:49 12/17/19 06:03 126 - 152

13C-1,2,3,6,7,8-HxCDF 67 12/11/19 10:49 12/17/19 06:03 126 - 123

13C-2,3,4,6,7,8-HxCDF 68 12/11/19 10:49 12/17/19 06:03 128 - 136

13C-1,2,3,7,8,9-HxCDF 67 12/11/19 10:49 12/17/19 06:03 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 68 12/11/19 10:49 12/17/19 06:03 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 63 12/11/19 10:49 12/17/19 06:03 126 - 138

13C-OCDF 66 12/11/19 10:49 12/17/19 06:03 117 - 157

37Cl4-2,3,7,8-TCDD 72 35 - 197 12/11/19 10:49 12/17/19 06:03 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-3Client Sample ID: 11187072-120419-SS-SJSSA08(2-4)
Matrix: SedimentDate Collected: 12/04/19 15:40

Percent Solids: 57.7Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 75 1.8 0.15 pg/g ☼ 12/11/19 10:49 12/17/19 07:04 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.8 0.15 pg/g 12/11/19 10:49 12/17/19 07:04 1☼Total TCDD 92 B q

8.9 0.27 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,7,8-PeCDD 1.5 J

8.9 0.27 pg/g 12/11/19 10:49 12/17/19 07:04 1☼Total PeCDD 11 q

8.9 0.093 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,4,7,8-HxCDD 1.4 J

8.9 0.091 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,6,7,8-HxCDD 2.6 J

8.9 0.086 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,7,8,9-HxCDD 4.8 J

8.9 0.090 pg/g 12/11/19 10:49 12/17/19 07:04 1☼Total HxCDD 80 B

8.9 0.14 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,4,6,7,8-HpCDD 110 B

8.9 0.14 pg/g 12/11/19 10:49 12/17/19 07:04 1☼Total HpCDD 370 B

18 0.11 pg/g 12/11/19 10:49 12/17/19 07:04 1☼OCDD 3600 B

1.8 0.93 pg/g 12/11/19 10:49 12/18/19 06:19 1☼2,3,7,8-TCDF 260

1.8 0.15 pg/g 12/11/19 10:49 12/17/19 07:04 1☼Total TCDF 540 I B q

8.9 0.088 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,7,8-PeCDF 6.9 J

8.9 0.084 pg/g 12/11/19 10:49 12/17/19 07:04 1☼2,3,4,7,8-PeCDF 5.2 J

8.9 0.086 pg/g 12/11/19 10:49 12/17/19 07:04 1☼Total PeCDF 27 I q

8.9 0.18 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,4,7,8-HxCDF 10

8.9 0.17 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,6,7,8-HxCDF 3.2 J

8.9 0.18 pg/g 12/11/19 10:49 12/17/19 07:04 1☼2,3,4,6,7,8-HxCDF 0.59 J

8.9 0.24 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,7,8,9-HxCDF 0.34 J q

8.9 0.19 pg/g 12/11/19 10:49 12/17/19 07:04 1☼Total HxCDF 29 I q

8.9 0.17 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,4,6,7,8-HpCDF 13 B

8.9 0.27 pg/g 12/11/19 10:49 12/17/19 07:04 1☼1,2,3,4,7,8,9-HpCDF 2.2 J B

8.9 0.22 pg/g 12/11/19 10:49 12/17/19 07:04 1☼Total HpCDF 29 B q

18 0.60 pg/g 12/11/19 10:49 12/17/19 07:04 1☼OCDF 93 B

13C-2,3,7,8-TCDD 63 25 - 164 12/11/19 10:49 12/17/19 07:04 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 69 12/11/19 10:49 12/17/19 07:04 125 - 181

13C-1,2,3,4,7,8-HxCDD 65 12/11/19 10:49 12/17/19 07:04 132 - 141

13C-1,2,3,6,7,8-HxCDD 68 12/11/19 10:49 12/17/19 07:04 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 69 12/11/19 10:49 12/17/19 07:04 123 - 140

13C-OCDD 66 12/11/19 10:49 12/17/19 07:04 117 - 157

13C-2,3,7,8-TCDF 64 12/11/19 10:49 12/17/19 07:04 124 - 169

13C-2,3,7,8-TCDF 61 12/11/19 10:49 12/18/19 06:19 124 - 169

13C-1,2,3,7,8-PeCDF 67 12/11/19 10:49 12/17/19 07:04 124 - 185

13C-2,3,4,7,8-PeCDF 66 12/11/19 10:49 12/17/19 07:04 121 - 178

13C-1,2,3,4,7,8-HxCDF 66 12/11/19 10:49 12/17/19 07:04 126 - 152

13C-1,2,3,6,7,8-HxCDF 66 12/11/19 10:49 12/17/19 07:04 126 - 123

13C-2,3,4,6,7,8-HxCDF 67 12/11/19 10:49 12/17/19 07:04 128 - 136

13C-1,2,3,7,8,9-HxCDF 66 12/11/19 10:49 12/17/19 07:04 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 67 12/11/19 10:49 12/17/19 07:04 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 65 12/11/19 10:49 12/17/19 07:04 126 - 138

13C-OCDF 68 12/11/19 10:49 12/17/19 07:04 117 - 157

37Cl4-2,3,7,8-TCDD 72 35 - 197 12/11/19 10:49 12/17/19 07:04 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-4Client Sample ID: 11187072-120419-SS-SJSSA08(4-6)
Matrix: SedimentDate Collected: 12/04/19 15:45

Percent Solids: 70.1Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 35 1.4 0.13 pg/g ☼ 12/11/19 10:49 12/17/19 08:05 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.4 0.13 pg/g 12/11/19 10:49 12/17/19 08:05 1☼Total TCDD 47 B q

7.1 0.12 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,7,8-PeCDD 0.52 J

7.1 0.12 pg/g 12/11/19 10:49 12/17/19 08:05 1☼Total PeCDD 8.2 q

7.1 0.21 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,4,7,8-HxCDD 0.35 J q

7.1 0.20 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,6,7,8-HxCDD 0.90 J

7.1 0.19 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,7,8,9-HxCDD 2.3 J

7.1 0.20 pg/g 12/11/19 10:49 12/17/19 08:05 1☼Total HxCDD 40 B q

7.1 0.12 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,4,6,7,8-HpCDD 35 B

7.1 0.12 pg/g 12/11/19 10:49 12/17/19 08:05 1☼Total HpCDD 130 B

14 0.046 pg/g 12/11/19 10:49 12/17/19 08:05 1☼OCDD 830 B

1.4 0.69 pg/g 12/11/19 10:49 12/18/19 05:44 1☼2,3,7,8-TCDF 120

1.4 0.14 pg/g 12/11/19 10:49 12/17/19 08:05 1☼Total TCDF 260 B q

7.1 0.14 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,7,8-PeCDF 2.7 J

7.1 0.13 pg/g 12/11/19 10:49 12/17/19 08:05 1☼2,3,4,7,8-PeCDF 2.6 J

7.1 0.14 pg/g 12/11/19 10:49 12/17/19 08:05 1☼Total PeCDF 8.7

7.1 0.16 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,4,7,8-HxCDF 4.0 J

7.1 0.15 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,6,7,8-HxCDF 0.99 J q

7.1 0.16 pg/g 12/11/19 10:49 12/17/19 08:05 1☼2,3,4,6,7,8-HxCDF ND
7.1 0.21 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,7,8,9-HxCDF ND
7.1 0.17 pg/g 12/11/19 10:49 12/17/19 08:05 1☼Total HxCDF 6.5 J I q

7.1 0.073 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,4,6,7,8-HpCDF 2.3 J B

7.1 0.12 pg/g 12/11/19 10:49 12/17/19 08:05 1☼1,2,3,4,7,8,9-HpCDF 0.41 J B q

7.1 0.095 pg/g 12/11/19 10:49 12/17/19 08:05 1☼Total HpCDF 4.6 J B q

14 0.087 pg/g 12/11/19 10:49 12/17/19 08:05 1☼OCDF 8.6 J B

13C-2,3,7,8-TCDD 63 25 - 164 12/11/19 10:49 12/17/19 08:05 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 67 12/11/19 10:49 12/17/19 08:05 125 - 181

13C-1,2,3,4,7,8-HxCDD 67 12/11/19 10:49 12/17/19 08:05 132 - 141

13C-1,2,3,6,7,8-HxCDD 68 12/11/19 10:49 12/17/19 08:05 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 67 12/11/19 10:49 12/17/19 08:05 123 - 140

13C-OCDD 64 12/11/19 10:49 12/17/19 08:05 117 - 157

13C-2,3,7,8-TCDF 65 12/11/19 10:49 12/17/19 08:05 124 - 169

13C-2,3,7,8-TCDF 63 12/11/19 10:49 12/18/19 05:44 124 - 169

13C-1,2,3,7,8-PeCDF 67 12/11/19 10:49 12/17/19 08:05 124 - 185

13C-2,3,4,7,8-PeCDF 66 12/11/19 10:49 12/17/19 08:05 121 - 178

13C-1,2,3,4,7,8-HxCDF 66 12/11/19 10:49 12/17/19 08:05 126 - 152

13C-1,2,3,6,7,8-HxCDF 67 12/11/19 10:49 12/17/19 08:05 126 - 123

13C-2,3,4,6,7,8-HxCDF 67 12/11/19 10:49 12/17/19 08:05 128 - 136

13C-1,2,3,7,8,9-HxCDF 67 12/11/19 10:49 12/17/19 08:05 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 67 12/11/19 10:49 12/17/19 08:05 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 62 12/11/19 10:49 12/17/19 08:05 126 - 138

13C-OCDF 64 12/11/19 10:49 12/17/19 08:05 117 - 157

37Cl4-2,3,7,8-TCDD 69 35 - 197 12/11/19 10:49 12/17/19 08:05 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-5Client Sample ID: 11187072-120619-SS-SJSSA03(0-1)
Matrix: SedimentDate Collected: 12/06/19 12:20

Percent Solids: 62.3Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 8.4 1.6 0.11 pg/g ☼ 12/11/19 10:49 12/17/19 09:06 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.6 0.11 pg/g 12/11/19 10:49 12/17/19 09:06 1☼Total TCDD 20 B q

8.2 0.083 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,7,8-PeCDD 0.40 J

8.2 0.083 pg/g 12/11/19 10:49 12/17/19 09:06 1☼Total PeCDD 12 q

8.2 0.28 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,4,7,8-HxCDD 0.56 J

8.2 0.30 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,6,7,8-HxCDD 0.79 J q

8.2 0.27 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,7,8,9-HxCDD 2.7 J

8.2 0.28 pg/g 12/11/19 10:49 12/17/19 09:06 1☼Total HxCDD 53 B q

8.2 0.14 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,4,6,7,8-HpCDD 41 B

8.2 0.14 pg/g 12/11/19 10:49 12/17/19 09:06 1☼Total HpCDD 160 B

16 0.044 pg/g 12/11/19 10:49 12/17/19 09:06 1☼OCDD 980 B

1.6 0.60 pg/g 12/11/19 10:49 12/18/19 05:08 1☼2,3,7,8-TCDF 34

1.6 0.15 pg/g 12/11/19 10:49 12/17/19 09:06 1☼Total TCDF 82 B q

8.2 0.15 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,7,8-PeCDF 4.6 J

8.2 0.14 pg/g 12/11/19 10:49 12/17/19 09:06 1☼2,3,4,7,8-PeCDF 4.9 J

8.2 0.15 pg/g 12/11/19 10:49 12/17/19 09:06 1☼Total PeCDF 19 I q

8.2 0.071 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,4,7,8-HxCDF 4.1 J

8.2 0.068 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,6,7,8-HxCDF 1.2 J

8.2 0.075 pg/g 12/11/19 10:49 12/17/19 09:06 1☼2,3,4,6,7,8-HxCDF 0.37 J

8.2 0.096 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,7,8,9-HxCDF ND
8.2 0.078 pg/g 12/11/19 10:49 12/17/19 09:06 1☼Total HxCDF 8.8 I q

8.2 0.057 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,4,6,7,8-HpCDF 2.2 J B

8.2 0.087 pg/g 12/11/19 10:49 12/17/19 09:06 1☼1,2,3,4,7,8,9-HpCDF 0.35 J B q

8.2 0.072 pg/g 12/11/19 10:49 12/17/19 09:06 1☼Total HpCDF 5.0 J B q

16 0.12 pg/g 12/11/19 10:49 12/17/19 09:06 1☼OCDF 10 J B

13C-2,3,7,8-TCDD 61 25 - 164 12/11/19 10:49 12/17/19 09:06 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 66 12/11/19 10:49 12/17/19 09:06 125 - 181

13C-1,2,3,4,7,8-HxCDD 64 12/11/19 10:49 12/17/19 09:06 132 - 141

13C-1,2,3,6,7,8-HxCDD 66 12/11/19 10:49 12/17/19 09:06 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 66 12/11/19 10:49 12/17/19 09:06 123 - 140

13C-OCDD 61 12/11/19 10:49 12/17/19 09:06 117 - 157

13C-2,3,7,8-TCDF 61 12/11/19 10:49 12/17/19 09:06 124 - 169

13C-2,3,7,8-TCDF 59 12/11/19 10:49 12/18/19 05:08 124 - 169

13C-1,2,3,7,8-PeCDF 63 12/11/19 10:49 12/17/19 09:06 124 - 185

13C-2,3,4,7,8-PeCDF 63 12/11/19 10:49 12/17/19 09:06 121 - 178

13C-1,2,3,4,7,8-HxCDF 65 12/11/19 10:49 12/17/19 09:06 126 - 152

13C-1,2,3,6,7,8-HxCDF 63 12/11/19 10:49 12/17/19 09:06 126 - 123

13C-2,3,4,6,7,8-HxCDF 65 12/11/19 10:49 12/17/19 09:06 128 - 136

13C-1,2,3,7,8,9-HxCDF 63 12/11/19 10:49 12/17/19 09:06 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 65 12/11/19 10:49 12/17/19 09:06 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 63 12/11/19 10:49 12/17/19 09:06 126 - 138

13C-OCDF 63 12/11/19 10:49 12/17/19 09:06 117 - 157

37Cl4-2,3,7,8-TCDD 68 35 - 197 12/11/19 10:49 12/17/19 09:06 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-6Client Sample ID: 11187072-120619-SS-SJSSA03(1-2)
Matrix: SedimentDate Collected: 12/06/19 12:25

Percent Solids: 71.8Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 3.8 1.4 0.069 pg/g ☼ 12/11/19 10:49 12/17/19 10:07 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.4 0.069 pg/g 12/11/19 10:49 12/17/19 10:07 1☼Total TCDD 17 B q

7.0 0.12 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,7,8-PeCDD 0.32 J

7.0 0.12 pg/g 12/11/19 10:49 12/17/19 10:07 1☼Total PeCDD 11 q

7.0 0.27 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,4,7,8-HxCDD 0.48 J q

7.0 0.28 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,6,7,8-HxCDD 0.87 J q

7.0 0.26 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,7,8,9-HxCDD 2.3 J

7.0 0.27 pg/g 12/11/19 10:49 12/17/19 10:07 1☼Total HxCDD 53 B q

7.0 0.11 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,4,6,7,8-HpCDD 34 B

7.0 0.11 pg/g 12/11/19 10:49 12/17/19 10:07 1☼Total HpCDD 130 B

14 0.053 pg/g 12/11/19 10:49 12/17/19 10:07 1☼OCDD 810 B

1.4 0.54 pg/g 12/11/19 10:49 12/18/19 03:58 1☼2,3,7,8-TCDF 12

1.4 0.066 pg/g 12/11/19 10:49 12/17/19 10:07 1☼Total TCDF 28 B q

7.0 0.12 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,7,8-PeCDF 0.32 J q

7.0 0.11 pg/g 12/11/19 10:49 12/17/19 10:07 1☼2,3,4,7,8-PeCDF 0.26 J

7.0 0.11 pg/g 12/11/19 10:49 12/17/19 10:07 1☼Total PeCDF 2.1 J I q

7.0 0.094 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,4,7,8-HxCDF 0.66 J

7.0 0.095 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,6,7,8-HxCDF ND
7.0 0.10 pg/g 12/11/19 10:49 12/17/19 10:07 1☼2,3,4,6,7,8-HxCDF ND
7.0 0.14 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,7,8,9-HxCDF ND
7.0 0.11 pg/g 12/11/19 10:49 12/17/19 10:07 1☼Total HxCDF 2.3 J I q

7.0 0.037 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,4,6,7,8-HpCDF 1.1 J B

7.0 0.058 pg/g 12/11/19 10:49 12/17/19 10:07 1☼1,2,3,4,7,8,9-HpCDF 0.23 J B

7.0 0.048 pg/g 12/11/19 10:49 12/17/19 10:07 1☼Total HpCDF 2.8 J B

14 0.15 pg/g 12/11/19 10:49 12/17/19 10:07 1☼OCDF 5.5 J B

13C-2,3,7,8-TCDD 63 25 - 164 12/11/19 10:49 12/17/19 10:07 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 68 12/11/19 10:49 12/17/19 10:07 125 - 181

13C-1,2,3,4,7,8-HxCDD 64 12/11/19 10:49 12/17/19 10:07 132 - 141

13C-1,2,3,6,7,8-HxCDD 70 12/11/19 10:49 12/17/19 10:07 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 69 12/11/19 10:49 12/17/19 10:07 123 - 140

13C-OCDD 64 12/11/19 10:49 12/17/19 10:07 117 - 157

13C-2,3,7,8-TCDF 62 12/11/19 10:49 12/17/19 10:07 124 - 169

13C-2,3,7,8-TCDF 61 12/11/19 10:49 12/18/19 03:58 124 - 169

13C-1,2,3,7,8-PeCDF 65 12/11/19 10:49 12/17/19 10:07 124 - 185

13C-2,3,4,7,8-PeCDF 66 12/11/19 10:49 12/17/19 10:07 121 - 178

13C-1,2,3,4,7,8-HxCDF 68 12/11/19 10:49 12/17/19 10:07 126 - 152

13C-1,2,3,6,7,8-HxCDF 67 12/11/19 10:49 12/17/19 10:07 126 - 123

13C-2,3,4,6,7,8-HxCDF 68 12/11/19 10:49 12/17/19 10:07 128 - 136

13C-1,2,3,7,8,9-HxCDF 66 12/11/19 10:49 12/17/19 10:07 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 70 12/11/19 10:49 12/17/19 10:07 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 65 12/11/19 10:49 12/17/19 10:07 126 - 138

13C-OCDF 67 12/11/19 10:49 12/17/19 10:07 117 - 157

37Cl4-2,3,7,8-TCDD 69 35 - 197 12/11/19 10:49 12/17/19 10:07 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-7Client Sample ID: 11187072-120619-SS-SJSSA03(2-4)
Matrix: SedimentDate Collected: 12/06/19 12:30

Percent Solids: 76.6Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 0.20 J q 1.3 0.074 pg/g ☼ 12/11/19 10:49 12/17/19 11:08 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.3 0.074 pg/g 12/11/19 10:49 12/17/19 11:08 1☼Total TCDD 4.9 q B

6.4 0.070 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,7,8-PeCDD 0.20 J q

6.4 0.070 pg/g 12/11/19 10:49 12/17/19 11:08 1☼Total PeCDD 6.1 J q

6.4 0.035 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,4,7,8-HxCDD 0.40 J

6.4 0.037 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,6,7,8-HxCDD 0.56 J q

6.4 0.034 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,7,8,9-HxCDD 2.2 J q

6.4 0.035 pg/g 12/11/19 10:49 12/17/19 11:08 1☼Total HxCDD 32 q B

6.4 0.13 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,4,6,7,8-HpCDD 30 B

6.4 0.13 pg/g 12/11/19 10:49 12/17/19 11:08 1☼Total HpCDD 110 B

13 0.031 pg/g 12/11/19 10:49 12/17/19 11:08 1☼OCDD 700 B

1.3 0.061 pg/g 12/11/19 10:49 12/17/19 11:08 1☼2,3,7,8-TCDF 0.92 J q

1.3 0.061 pg/g 12/11/19 10:49 12/17/19 11:08 1☼Total TCDF 2.8 q B

6.4 0.091 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,7,8-PeCDF ND
6.4 0.083 pg/g 12/11/19 10:49 12/17/19 11:08 1☼2,3,4,7,8-PeCDF ND
6.4 0.087 pg/g 12/11/19 10:49 12/17/19 11:08 1☼Total PeCDF 0.78 J I q

6.4 0.084 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,4,7,8-HxCDF ND
6.4 0.081 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,6,7,8-HxCDF ND
6.4 0.090 pg/g 12/11/19 10:49 12/17/19 11:08 1☼2,3,4,6,7,8-HxCDF ND
6.4 0.11 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,7,8,9-HxCDF ND
6.4 0.092 pg/g 12/11/19 10:49 12/17/19 11:08 1☼Total HxCDF 0.52 J I

6.4 0.053 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,4,6,7,8-HpCDF 0.42 J B

6.4 0.082 pg/g 12/11/19 10:49 12/17/19 11:08 1☼1,2,3,4,7,8,9-HpCDF ND
6.4 0.067 pg/g 12/11/19 10:49 12/17/19 11:08 1☼Total HpCDF 0.98 J B

13 0.080 pg/g 12/11/19 10:49 12/17/19 11:08 1☼OCDF 1.6 J B

13C-2,3,7,8-TCDD 64 25 - 164 12/11/19 10:49 12/17/19 11:08 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 65 12/11/19 10:49 12/17/19 11:08 125 - 181

13C-1,2,3,4,7,8-HxCDD 67 12/11/19 10:49 12/17/19 11:08 132 - 141

13C-1,2,3,6,7,8-HxCDD 70 12/11/19 10:49 12/17/19 11:08 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 69 12/11/19 10:49 12/17/19 11:08 123 - 140

13C-OCDD 64 12/11/19 10:49 12/17/19 11:08 117 - 157

13C-2,3,7,8-TCDF 63 12/11/19 10:49 12/17/19 11:08 124 - 169

13C-1,2,3,7,8-PeCDF 65 12/11/19 10:49 12/17/19 11:08 124 - 185

13C-2,3,4,7,8-PeCDF 65 12/11/19 10:49 12/17/19 11:08 121 - 178

13C-1,2,3,4,7,8-HxCDF 68 12/11/19 10:49 12/17/19 11:08 126 - 152

13C-1,2,3,6,7,8-HxCDF 69 12/11/19 10:49 12/17/19 11:08 126 - 123

13C-2,3,4,6,7,8-HxCDF 68 12/11/19 10:49 12/17/19 11:08 128 - 136

13C-1,2,3,7,8,9-HxCDF 67 12/11/19 10:49 12/17/19 11:08 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 67 12/11/19 10:49 12/17/19 11:08 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 64 12/11/19 10:49 12/17/19 11:08 126 - 138

13C-OCDF 65 12/11/19 10:49 12/17/19 11:08 117 - 157

37Cl4-2,3,7,8-TCDD 72 35 - 197 12/11/19 10:49 12/17/19 11:08 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-8Client Sample ID: 11187072-120619-SS-SJSSA03(4-6)
Matrix: SedimentDate Collected: 12/06/19 12:35

Percent Solids: 67.8Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 8.5 1.5 0.093 pg/g ☼ 12/11/19 10:49 12/17/19 15:32 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.5 0.093 pg/g 12/11/19 10:49 12/17/19 15:32 1☼Total TCDD 15 B q

7.3 0.058 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,7,8-PeCDD 0.62 J q

7.3 0.058 pg/g 12/11/19 10:49 12/17/19 15:32 1☼Total PeCDD 9.3 q

7.3 0.068 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,4,7,8-HxCDD 0.95 J q

7.3 0.073 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,6,7,8-HxCDD 2.7 J

7.3 0.066 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,7,8,9-HxCDD 3.9 J

7.3 0.069 pg/g 12/11/19 10:49 12/17/19 15:32 1☼Total HxCDD 61 B q

7.3 0.11 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,4,6,7,8-HpCDD 90 B

7.3 0.11 pg/g 12/11/19 10:49 12/17/19 15:32 1☼Total HpCDD 270 B

15 0.045 pg/g 12/11/19 10:49 12/17/19 15:32 1☼OCDD 2300 B

1.5 0.39 pg/g 12/11/19 10:49 12/18/19 06:55 1☼2,3,7,8-TCDF 24

1.5 0.13 pg/g 12/11/19 10:49 12/17/19 15:32 1☼Total TCDF 58 I B q

7.3 0.081 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,7,8-PeCDF 1.1 J

7.3 0.076 pg/g 12/11/19 10:49 12/17/19 15:32 1☼2,3,4,7,8-PeCDF 0.89 J

7.3 0.078 pg/g 12/11/19 10:49 12/17/19 15:32 1☼Total PeCDF 16 I q

7.3 0.15 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,4,7,8-HxCDF 2.6 J

7.3 0.14 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,6,7,8-HxCDF 1.5 J I

7.3 0.16 pg/g 12/11/19 10:49 12/17/19 15:32 1☼2,3,4,6,7,8-HxCDF 0.34 J q

7.3 0.21 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,7,8,9-HxCDF ND
7.3 0.16 pg/g 12/11/19 10:49 12/17/19 15:32 1☼Total HxCDF 24 I q

7.3 0.13 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,4,6,7,8-HpCDF 11 B

7.3 0.19 pg/g 12/11/19 10:49 12/17/19 15:32 1☼1,2,3,4,7,8,9-HpCDF 1.5 J B q

7.3 0.16 pg/g 12/11/19 10:49 12/17/19 15:32 1☼Total HpCDF 27 B q

15 0.11 pg/g 12/11/19 10:49 12/17/19 15:32 1☼OCDF 120 B

13C-2,3,7,8-TCDD 63 25 - 164 12/11/19 10:49 12/17/19 15:32 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 65 12/11/19 10:49 12/17/19 15:32 125 - 181

13C-1,2,3,4,7,8-HxCDD 67 12/11/19 10:49 12/17/19 15:32 132 - 141

13C-1,2,3,6,7,8-HxCDD 67 12/11/19 10:49 12/17/19 15:32 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 71 12/11/19 10:49 12/17/19 15:32 123 - 140

13C-OCDD 67 12/11/19 10:49 12/17/19 15:32 117 - 157

13C-2,3,7,8-TCDF 61 12/11/19 10:49 12/17/19 15:32 124 - 169

13C-2,3,7,8-TCDF 64 12/11/19 10:49 12/18/19 06:55 124 - 169

13C-1,2,3,7,8-PeCDF 63 12/11/19 10:49 12/17/19 15:32 124 - 185

13C-2,3,4,7,8-PeCDF 63 12/11/19 10:49 12/17/19 15:32 121 - 178

13C-1,2,3,4,7,8-HxCDF 65 12/11/19 10:49 12/17/19 15:32 126 - 152

13C-1,2,3,6,7,8-HxCDF 69 12/11/19 10:49 12/17/19 15:32 126 - 123

13C-2,3,4,6,7,8-HxCDF 66 12/11/19 10:49 12/17/19 15:32 128 - 136

13C-1,2,3,7,8,9-HxCDF 67 12/11/19 10:49 12/17/19 15:32 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 69 12/11/19 10:49 12/17/19 15:32 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 66 12/11/19 10:49 12/17/19 15:32 126 - 138

13C-OCDF 69 12/11/19 10:49 12/17/19 15:32 117 - 157

37Cl4-2,3,7,8-TCDD 68 35 - 197 12/11/19 10:49 12/17/19 15:32 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-9Client Sample ID: 11187072-120619-SS-SJSSA06(0-1)
Matrix: SedimentDate Collected: 12/06/19 15:20

Percent Solids: 83.6Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 74 1.2 0.13 pg/g ☼ 12/11/19 10:49 12/17/19 16:33 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.2 0.13 pg/g 12/11/19 10:49 12/17/19 16:33 1☼Total TCDD 84 B q

5.8 0.032 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,7,8-PeCDD 0.69 J

5.8 0.032 pg/g 12/11/19 10:49 12/17/19 16:33 1☼Total PeCDD 2.7 J q

5.8 0.023 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,4,7,8-HxCDD 0.20 J q

5.8 0.023 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,6,7,8-HxCDD 0.45 J

5.8 0.022 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,7,8,9-HxCDD 0.87 J

5.8 0.022 pg/g 12/11/19 10:49 12/17/19 16:33 1☼Total HxCDD 14 B q

5.8 0.17 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,4,6,7,8-HpCDD 16 B

5.8 0.17 pg/g 12/11/19 10:49 12/17/19 16:33 1☼Total HpCDD 55 B

12 0.072 pg/g 12/11/19 10:49 12/17/19 16:33 1☼OCDD 380 B

1.2 0.70 pg/g 12/11/19 10:49 12/18/19 07:30 1☼2,3,7,8-TCDF 270

1.2 0.11 pg/g 12/11/19 10:49 12/17/19 16:33 1☼Total TCDF 600 B q

5.8 0.069 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,7,8-PeCDF 6.6

5.8 0.062 pg/g 12/11/19 10:49 12/17/19 16:33 1☼2,3,4,7,8-PeCDF 4.7 J

5.8 0.066 pg/g 12/11/19 10:49 12/17/19 16:33 1☼Total PeCDF 19 q

5.8 0.056 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,4,7,8-HxCDF 9.6

5.8 0.053 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,6,7,8-HxCDF 2.3 J

5.8 0.059 pg/g 12/11/19 10:49 12/17/19 16:33 1☼2,3,4,6,7,8-HxCDF 0.35 J q

5.8 0.076 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,7,8,9-HxCDF 0.24 J

5.8 0.061 pg/g 12/11/19 10:49 12/17/19 16:33 1☼Total HxCDF 16 I q

5.8 0.048 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,4,6,7,8-HpCDF 3.1 J B

5.8 0.080 pg/g 12/11/19 10:49 12/17/19 16:33 1☼1,2,3,4,7,8,9-HpCDF 0.79 J B q

5.8 0.064 pg/g 12/11/19 10:49 12/17/19 16:33 1☼Total HpCDF 6.1 B q

12 0.053 pg/g 12/11/19 10:49 12/17/19 16:33 1☼OCDF 10 J B

13C-2,3,7,8-TCDD 64 25 - 164 12/11/19 10:49 12/17/19 16:33 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 61 12/11/19 10:49 12/17/19 16:33 125 - 181

13C-1,2,3,4,7,8-HxCDD 65 12/11/19 10:49 12/17/19 16:33 132 - 141

13C-1,2,3,6,7,8-HxCDD 67 12/11/19 10:49 12/17/19 16:33 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 68 12/11/19 10:49 12/17/19 16:33 123 - 140

13C-OCDD 61 12/11/19 10:49 12/17/19 16:33 117 - 157

13C-2,3,7,8-TCDF 63 12/11/19 10:49 12/17/19 16:33 124 - 169

13C-2,3,7,8-TCDF 63 12/11/19 10:49 12/18/19 07:30 124 - 169

13C-1,2,3,7,8-PeCDF 62 12/11/19 10:49 12/17/19 16:33 124 - 185

13C-2,3,4,7,8-PeCDF 63 12/11/19 10:49 12/17/19 16:33 121 - 178

13C-1,2,3,4,7,8-HxCDF 63 12/11/19 10:49 12/17/19 16:33 126 - 152

13C-1,2,3,6,7,8-HxCDF 68 12/11/19 10:49 12/17/19 16:33 126 - 123

13C-2,3,4,6,7,8-HxCDF 64 12/11/19 10:49 12/17/19 16:33 128 - 136

13C-1,2,3,7,8,9-HxCDF 66 12/11/19 10:49 12/17/19 16:33 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 66 12/11/19 10:49 12/17/19 16:33 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 62 12/11/19 10:49 12/17/19 16:33 126 - 138

13C-OCDF 61 12/11/19 10:49 12/17/19 16:33 117 - 157

37Cl4-2,3,7,8-TCDD 73 35 - 197 12/11/19 10:49 12/17/19 16:33 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-10Client Sample ID: 11187072-120619-SS-SJSSA06(1-2)
Matrix: SedimentDate Collected: 12/06/19 15:25

Percent Solids: 89.6Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 83 1.1 0.13 pg/g ☼ 12/11/19 10:49 12/17/19 17:34 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.1 0.13 pg/g 12/11/19 10:49 12/17/19 17:34 1☼Total TCDD 94 B q

5.5 0.036 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,7,8-PeCDD 0.70 J

5.5 0.036 pg/g 12/11/19 10:49 12/17/19 17:34 1☼Total PeCDD 2.2 J q

5.5 0.026 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,4,7,8-HxCDD 0.20 J

5.5 0.025 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,6,7,8-HxCDD 0.24 J

5.5 0.024 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,7,8,9-HxCDD 0.72 J

5.5 0.025 pg/g 12/11/19 10:49 12/17/19 17:34 1☼Total HxCDD 11 B q

5.5 0.10 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,4,6,7,8-HpCDD 9.9 B

5.5 0.10 pg/g 12/11/19 10:49 12/17/19 17:34 1☼Total HpCDD 38 B

11 0.028 pg/g 12/11/19 10:49 12/17/19 17:34 1☼OCDD 210 B

1.1 0.66 pg/g 12/11/19 10:49 12/18/19 08:05 1☼2,3,7,8-TCDF 300

1.1 0.10 pg/g 12/11/19 10:49 12/17/19 17:34 1☼Total TCDF 650 B q

5.5 0.041 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,7,8-PeCDF 6.2

5.5 0.038 pg/g 12/11/19 10:49 12/17/19 17:34 1☼2,3,4,7,8-PeCDF 5.1 J

5.5 0.040 pg/g 12/11/19 10:49 12/17/19 17:34 1☼Total PeCDF 20 q

5.5 0.053 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,4,7,8-HxCDF 9.2

5.5 0.049 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,6,7,8-HxCDF 2.4 J

5.5 0.055 pg/g 12/11/19 10:49 12/17/19 17:34 1☼2,3,4,6,7,8-HxCDF 0.32 J q

5.5 0.071 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,7,8,9-HxCDF 0.17 J q

5.5 0.057 pg/g 12/11/19 10:49 12/17/19 17:34 1☼Total HxCDF 15 I q

5.5 0.041 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,4,6,7,8-HpCDF 2.7 J B

5.5 0.064 pg/g 12/11/19 10:49 12/17/19 17:34 1☼1,2,3,4,7,8,9-HpCDF 1.0 J B

5.5 0.052 pg/g 12/11/19 10:49 12/17/19 17:34 1☼Total HpCDF 5.3 J B

11 0.046 pg/g 12/11/19 10:49 12/17/19 17:34 1☼OCDF 4.8 J B

13C-2,3,7,8-TCDD 65 25 - 164 12/11/19 10:49 12/17/19 17:34 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 63 12/11/19 10:49 12/17/19 17:34 125 - 181

13C-1,2,3,4,7,8-HxCDD 61 12/11/19 10:49 12/17/19 17:34 132 - 141

13C-1,2,3,6,7,8-HxCDD 66 12/11/19 10:49 12/17/19 17:34 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 66 12/11/19 10:49 12/17/19 17:34 123 - 140

13C-OCDD 61 12/11/19 10:49 12/17/19 17:34 117 - 157

13C-2,3,7,8-TCDF 65 12/11/19 10:49 12/17/19 17:34 124 - 169

13C-2,3,7,8-TCDF 63 12/11/19 10:49 12/18/19 08:05 124 - 169

13C-1,2,3,7,8-PeCDF 64 12/11/19 10:49 12/17/19 17:34 124 - 185

13C-2,3,4,7,8-PeCDF 65 12/11/19 10:49 12/17/19 17:34 121 - 178

13C-1,2,3,4,7,8-HxCDF 66 12/11/19 10:49 12/17/19 17:34 126 - 152

13C-1,2,3,6,7,8-HxCDF 66 12/11/19 10:49 12/17/19 17:34 126 - 123

13C-2,3,4,6,7,8-HxCDF 65 12/11/19 10:49 12/17/19 17:34 128 - 136

13C-1,2,3,7,8,9-HxCDF 65 12/11/19 10:49 12/17/19 17:34 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 65 12/11/19 10:49 12/17/19 17:34 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 62 12/11/19 10:49 12/17/19 17:34 126 - 138

13C-OCDF 63 12/11/19 10:49 12/17/19 17:34 117 - 157

37Cl4-2,3,7,8-TCDD 72 35 - 197 12/11/19 10:49 12/17/19 17:34 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-11Client Sample ID: 11187072-120619-SS-SJSSA06(2-4)
Matrix: SedimentDate Collected: 12/06/19 15:30

Percent Solids: 82.5Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 82 1.2 0.11 pg/g ☼ 12/11/19 10:49 12/17/19 18:35 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.2 0.11 pg/g 12/11/19 10:49 12/17/19 18:35 1☼Total TCDD 94 B q

5.9 0.13 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,7,8-PeCDD 0.68 J q

5.9 0.13 pg/g 12/11/19 10:49 12/17/19 18:35 1☼Total PeCDD 2.2 J q

5.9 0.035 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,4,7,8-HxCDD 0.16 J

5.9 0.035 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,6,7,8-HxCDD 0.42 J q

5.9 0.033 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,7,8,9-HxCDD 0.58 J q

5.9 0.034 pg/g 12/11/19 10:49 12/17/19 18:35 1☼Total HxCDD 11 B q

5.9 0.089 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,4,6,7,8-HpCDD 9.3 B

5.9 0.089 pg/g 12/11/19 10:49 12/17/19 18:35 1☼Total HpCDD 35 B

12 0.042 pg/g 12/11/19 10:49 12/17/19 18:35 1☼OCDD 200 B

1.2 0.75 pg/g 12/11/19 10:49 12/18/19 08:41 1☼2,3,7,8-TCDF 290

1.2 0.15 pg/g 12/11/19 10:49 12/17/19 18:35 1☼Total TCDF 640 B

5.9 0.039 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,7,8-PeCDF 6.2

5.9 0.041 pg/g 12/11/19 10:49 12/17/19 18:35 1☼2,3,4,7,8-PeCDF 5.4 J

5.9 0.040 pg/g 12/11/19 10:49 12/17/19 18:35 1☼Total PeCDF 20 q

5.9 0.065 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,4,7,8-HxCDF 9.7

5.9 0.061 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,6,7,8-HxCDF 2.3 J

5.9 0.068 pg/g 12/11/19 10:49 12/17/19 18:35 1☼2,3,4,6,7,8-HxCDF 0.37 J

5.9 0.092 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,7,8,9-HxCDF 0.15 J q

5.9 0.072 pg/g 12/11/19 10:49 12/17/19 18:35 1☼Total HxCDF 15 q

5.9 0.042 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,4,6,7,8-HpCDF 2.8 J B

5.9 0.071 pg/g 12/11/19 10:49 12/17/19 18:35 1☼1,2,3,4,7,8,9-HpCDF 0.93 J B q

5.9 0.056 pg/g 12/11/19 10:49 12/17/19 18:35 1☼Total HpCDF 4.3 J B q

12 0.042 pg/g 12/11/19 10:49 12/17/19 18:35 1☼OCDF 3.4 J B

13C-2,3,7,8-TCDD 63 25 - 164 12/11/19 10:49 12/17/19 18:35 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 63 12/11/19 10:49 12/17/19 18:35 125 - 181

13C-1,2,3,4,7,8-HxCDD 66 12/11/19 10:49 12/17/19 18:35 132 - 141

13C-1,2,3,6,7,8-HxCDD 68 12/11/19 10:49 12/17/19 18:35 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 66 12/11/19 10:49 12/17/19 18:35 123 - 140

13C-OCDD 57 12/11/19 10:49 12/17/19 18:35 117 - 157

13C-2,3,7,8-TCDF 64 12/11/19 10:49 12/17/19 18:35 124 - 169

13C-2,3,7,8-TCDF 66 12/11/19 10:49 12/18/19 08:41 124 - 169

13C-1,2,3,7,8-PeCDF 66 12/11/19 10:49 12/17/19 18:35 124 - 185

13C-2,3,4,7,8-PeCDF 60 12/11/19 10:49 12/17/19 18:35 121 - 178

13C-1,2,3,4,7,8-HxCDF 68 12/11/19 10:49 12/17/19 18:35 126 - 152

13C-1,2,3,6,7,8-HxCDF 69 12/11/19 10:49 12/17/19 18:35 126 - 123

13C-2,3,4,6,7,8-HxCDF 67 12/11/19 10:49 12/17/19 18:35 128 - 136

13C-1,2,3,7,8,9-HxCDF 65 12/11/19 10:49 12/17/19 18:35 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 67 12/11/19 10:49 12/17/19 18:35 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 61 12/11/19 10:49 12/17/19 18:35 126 - 138

13C-OCDF 57 12/11/19 10:49 12/17/19 18:35 117 - 157

37Cl4-2,3,7,8-TCDD 71 35 - 197 12/11/19 10:49 12/17/19 18:35 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-12Client Sample ID: 11187072-120619-SS-SJSSA06(4-6)
Matrix: SedimentDate Collected: 12/06/19 15:35

Percent Solids: 60.9Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 2800 17 2.4 pg/g ☼ 12/11/19 10:49 12/18/19 08:03 10
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

17 2.4 pg/g 12/11/19 10:49 12/18/19 08:03 10☼Total TCDD 3100 B

83 3.2 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,7,8-PeCDD 25 J

83 3.2 pg/g 12/11/19 10:49 12/18/19 08:03 10☼Total PeCDD 28 J q

83 0.65 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,4,7,8-HxCDD ND F2 F1
83 0.64 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,6,7,8-HxCDD ND
83 0.61 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,7,8,9-HxCDD 4.0 J F2

83 0.63 pg/g 12/11/19 10:49 12/18/19 08:03 10☼Total HxCDD 62 J B

83 0.62 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,4,6,7,8-HpCDD 75 J B

83 0.62 pg/g 12/11/19 10:49 12/18/19 08:03 10☼Total HpCDD 250 B

170 0.52 pg/g 12/11/19 10:49 12/18/19 08:03 10☼OCDD 1300 B F1

25 12 pg/g 12/11/19 10:49 12/18/19 09:16 15☼2,3,7,8-TCDF 3900

17 1.2 pg/g 12/11/19 10:49 12/18/19 08:03 10☼Total TCDF 17000 B q

83 0.47 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,7,8-PeCDF 250 F1

83 0.44 pg/g 12/11/19 10:49 12/18/19 08:03 10☼2,3,4,7,8-PeCDF 170 F1

83 0.45 pg/g 12/11/19 10:49 12/18/19 08:03 10☼Total PeCDF 700 I q

83 2.7 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,4,7,8-HxCDF 420 F1

83 2.5 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,6,7,8-HxCDF 110 F1

83 2.7 pg/g 12/11/19 10:49 12/18/19 08:03 10☼2,3,4,6,7,8-HxCDF 11 J

83 3.4 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,7,8,9-HxCDF 7.3 J q

83 2.8 pg/g 12/11/19 10:49 12/18/19 08:03 10☼Total HxCDF 630 I q

83 0.081 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,4,6,7,8-HpCDF 100 F1 B

83 0.15 pg/g 12/11/19 10:49 12/18/19 08:03 10☼1,2,3,4,7,8,9-HpCDF 41 J B

83 0.11 pg/g 12/11/19 10:49 12/18/19 08:03 10☼Total HpCDF 180 B q

170 1.4 pg/g 12/11/19 10:49 12/18/19 08:03 10☼OCDF 46 J B

13C-2,3,7,8-TCDD 69 25 - 164 12/11/19 10:49 12/18/19 08:03 10

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 63 q 12/11/19 10:49 12/18/19 08:03 1025 - 181

13C-1,2,3,4,7,8-HxCDD 70 12/11/19 10:49 12/18/19 08:03 1032 - 141

13C-1,2,3,6,7,8-HxCDD 71 12/11/19 10:49 12/18/19 08:03 1028 - 130

13C-1,2,3,4,6,7,8-HpCDD 71 12/11/19 10:49 12/18/19 08:03 1023 - 140

13C-OCDD 76 12/11/19 10:49 12/18/19 08:03 1017 - 157

13C-2,3,7,8-TCDF 67 12/11/19 10:49 12/18/19 08:03 1024 - 169

13C-2,3,7,8-TCDF 121 12/11/19 10:49 12/18/19 09:16 1524 - 169

13C-1,2,3,7,8-PeCDF 61 12/11/19 10:49 12/18/19 08:03 1024 - 185

13C-2,3,4,7,8-PeCDF 69 12/11/19 10:49 12/18/19 08:03 1021 - 178

13C-1,2,3,4,7,8-HxCDF 68 12/11/19 10:49 12/18/19 08:03 1026 - 152

13C-1,2,3,6,7,8-HxCDF 62 12/11/19 10:49 12/18/19 08:03 1026 - 123

13C-2,3,4,6,7,8-HxCDF 66 12/11/19 10:49 12/18/19 08:03 1028 - 136

13C-1,2,3,7,8,9-HxCDF 68 12/11/19 10:49 12/18/19 08:03 1029 - 147

13C-1,2,3,4,6,7,8-HpCDF 76 12/11/19 10:49 12/18/19 08:03 1028 - 143

13C-1,2,3,4,7,8,9-HpCDF 65 12/11/19 10:49 12/18/19 08:03 1026 - 138

13C-OCDF 71 12/11/19 10:49 12/18/19 08:03 1017 - 157

37Cl4-2,3,7,8-TCDD 101 35 - 197 12/11/19 10:49 12/18/19 08:03 10

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville

Page 26 of 2476



Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-13Client Sample ID: 11187072-120619-SS-DUP1
Matrix: SedimentDate Collected: 12/06/19 00:00

Percent Solids: 55.0Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 360 1.8 0.56 pg/g ☼ 12/11/19 10:49 12/18/19 02:58 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.8 0.56 pg/g 12/11/19 10:49 12/18/19 02:58 1☼Total TCDD 420 B q

9.2 0.18 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,7,8-PeCDD 7.7 J

9.2 0.18 pg/g 12/11/19 10:49 12/18/19 02:58 1☼Total PeCDD 11 q

9.2 0.064 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,4,7,8-HxCDD 0.71 J q

9.2 0.063 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,6,7,8-HxCDD 0.91 J

9.2 0.059 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,7,8,9-HxCDD 1.2 J

9.2 0.062 pg/g 12/11/19 10:49 12/18/19 02:58 1☼Total HxCDD 18 B q

9.2 0.25 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,4,6,7,8-HpCDD 12 B

9.2 0.25 pg/g 12/11/19 10:49 12/18/19 02:58 1☼Total HpCDD 42 B

18 0.067 pg/g 12/11/19 10:49 12/18/19 02:58 1☼OCDD 230 B

9.2 3.2 pg/g 12/11/19 10:49 12/18/19 19:48 5☼2,3,7,8-TCDF 1900

1.8 0.57 pg/g 12/11/19 10:49 12/18/19 02:58 1☼Total TCDF 4500 B q

9.2 0.23 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,7,8-PeCDF 160

9.2 0.22 pg/g 12/11/19 10:49 12/18/19 02:58 1☼2,3,4,7,8-PeCDF 190

9.2 0.22 pg/g 12/11/19 10:49 12/18/19 02:58 1☼Total PeCDF 530 I

9.2 0.78 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,4,7,8-HxCDF 120

9.2 0.77 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,6,7,8-HxCDF 31

9.2 0.88 pg/g 12/11/19 10:49 12/18/19 02:58 1☼2,3,4,6,7,8-HxCDF 9.5

9.2 1.1 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,7,8,9-HxCDF 2.8 J

9.2 0.89 pg/g 12/11/19 10:49 12/18/19 02:58 1☼Total HxCDF 190 q

9.2 0.077 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,4,6,7,8-HpCDF 19 B

9.2 0.12 pg/g 12/11/19 10:49 12/18/19 02:58 1☼1,2,3,4,7,8,9-HpCDF 9.3 B

9.2 0.099 pg/g 12/11/19 10:49 12/18/19 02:58 1☼Total HpCDF 34 B q

18 0.079 pg/g 12/11/19 10:49 12/18/19 02:58 1☼OCDF 9.0 J B

13C-2,3,7,8-TCDD 65 25 - 164 12/11/19 10:49 12/18/19 02:58 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 60 12/11/19 10:49 12/18/19 02:58 125 - 181

13C-1,2,3,4,7,8-HxCDD 69 12/11/19 10:49 12/18/19 02:58 132 - 141

13C-1,2,3,6,7,8-HxCDD 71 12/11/19 10:49 12/18/19 02:58 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 64 12/11/19 10:49 12/18/19 02:58 123 - 140

13C-OCDD 53 12/11/19 10:49 12/18/19 02:58 117 - 157

13C-2,3,7,8-TCDF 65 12/11/19 10:49 12/18/19 02:58 124 - 169

13C-2,3,7,8-TCDF 74 12/11/19 10:49 12/18/19 19:48 524 - 169

13C-1,2,3,7,8-PeCDF 60 12/11/19 10:49 12/18/19 02:58 124 - 185

13C-2,3,4,7,8-PeCDF 59 12/11/19 10:49 12/18/19 02:58 121 - 178

13C-1,2,3,4,7,8-HxCDF 71 12/11/19 10:49 12/18/19 02:58 126 - 152

13C-1,2,3,6,7,8-HxCDF 69 12/11/19 10:49 12/18/19 02:58 126 - 123

13C-2,3,4,6,7,8-HxCDF 65 12/11/19 10:49 12/18/19 02:58 128 - 136

13C-1,2,3,7,8,9-HxCDF 64 12/11/19 10:49 12/18/19 02:58 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 64 12/11/19 10:49 12/18/19 02:58 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 62 12/11/19 10:49 12/18/19 02:58 126 - 138

13C-OCDF 56 12/11/19 10:49 12/18/19 02:58 117 - 157

37Cl4-2,3,7,8-TCDD 75 35 - 197 12/11/19 10:49 12/18/19 02:58 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-14Client Sample ID: 11187072-120719-SS-SJSSA02(2-4)
Matrix: SedimentDate Collected: 12/07/19 12:00

Percent Solids: 76.0Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 6.8 1.3 0.099 pg/g ☼ 12/11/19 10:49 12/18/19 03:59 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.3 0.099 pg/g 12/11/19 10:49 12/18/19 03:59 1☼Total TCDD 20 B q

6.4 0.063 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,7,8-PeCDD 0.42 J q

6.4 0.063 pg/g 12/11/19 10:49 12/18/19 03:59 1☼Total PeCDD 11 q

6.4 0.13 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,4,7,8-HxCDD 0.39 J q

6.4 0.13 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,6,7,8-HxCDD 1.1 J

6.4 0.12 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,7,8,9-HxCDD 2.3 J

6.4 0.13 pg/g 12/11/19 10:49 12/18/19 03:59 1☼Total HxCDD 51 B q

6.4 0.21 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,4,6,7,8-HpCDD 44 B

6.4 0.21 pg/g 12/11/19 10:49 12/18/19 03:59 1☼Total HpCDD 150 B

13 0.061 pg/g 12/11/19 10:49 12/18/19 03:59 1☼OCDD 1000 B

1.3 0.19 pg/g 12/11/19 10:49 12/18/19 15:25 1☼2,3,7,8-TCDF 18

1.3 0.14 pg/g 12/11/19 10:49 12/18/19 03:59 1☼Total TCDF 49 I B q

6.4 0.18 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,7,8-PeCDF 1.3 J

6.4 0.17 pg/g 12/11/19 10:49 12/18/19 03:59 1☼2,3,4,7,8-PeCDF 1.2 J

6.4 0.17 pg/g 12/11/19 10:49 12/18/19 03:59 1☼Total PeCDF 6.1 J I q

6.4 0.16 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,4,7,8-HxCDF 2.3 J

6.4 0.15 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,6,7,8-HxCDF 0.73 J I q

6.4 0.17 pg/g 12/11/19 10:49 12/18/19 03:59 1☼2,3,4,6,7,8-HxCDF 0.25 J

6.4 0.20 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,7,8,9-HxCDF ND
6.4 0.17 pg/g 12/11/19 10:49 12/18/19 03:59 1☼Total HxCDF 8.7 I q

6.4 0.071 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,4,6,7,8-HpCDF 4.2 J B

6.4 0.10 pg/g 12/11/19 10:49 12/18/19 03:59 1☼1,2,3,4,7,8,9-HpCDF 0.77 J B

6.4 0.086 pg/g 12/11/19 10:49 12/18/19 03:59 1☼Total HpCDF 11 B

13 0.017 pg/g 12/11/19 10:49 12/18/19 03:59 1☼OCDF 25 B

13C-2,3,7,8-TCDD 60 25 - 164 12/11/19 10:49 12/18/19 03:59 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 63 12/11/19 10:49 12/18/19 03:59 125 - 181

13C-1,2,3,4,7,8-HxCDD 62 12/11/19 10:49 12/18/19 03:59 132 - 141

13C-1,2,3,6,7,8-HxCDD 66 12/11/19 10:49 12/18/19 03:59 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 67 12/11/19 10:49 12/18/19 03:59 123 - 140

13C-OCDD 63 12/11/19 10:49 12/18/19 03:59 117 - 157

13C-2,3,7,8-TCDF 61 12/11/19 10:49 12/18/19 03:59 124 - 169

13C-2,3,7,8-TCDF 57 12/11/19 10:49 12/18/19 15:25 124 - 169

13C-1,2,3,7,8-PeCDF 60 12/11/19 10:49 12/18/19 03:59 124 - 185

13C-2,3,4,7,8-PeCDF 62 12/11/19 10:49 12/18/19 03:59 121 - 178

13C-1,2,3,4,7,8-HxCDF 65 12/11/19 10:49 12/18/19 03:59 126 - 152

13C-1,2,3,6,7,8-HxCDF 64 12/11/19 10:49 12/18/19 03:59 126 - 123

13C-2,3,4,6,7,8-HxCDF 65 12/11/19 10:49 12/18/19 03:59 128 - 136

13C-1,2,3,7,8,9-HxCDF 65 12/11/19 10:49 12/18/19 03:59 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 65 12/11/19 10:49 12/18/19 03:59 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 62 12/11/19 10:49 12/18/19 03:59 126 - 138

13C-OCDF 64 12/11/19 10:49 12/18/19 03:59 117 - 157

37Cl4-2,3,7,8-TCDD 67 35 - 197 12/11/19 10:49 12/18/19 03:59 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-15Client Sample ID: 11187072-120719-SS-SJSSA02(4-6)
Matrix: SedimentDate Collected: 12/07/19 12:05

Percent Solids: 79.7Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 0.62 J q 1.2 0.081 pg/g ☼ 12/11/19 10:49 12/18/19 05:00 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.2 0.081 pg/g 12/11/19 10:49 12/18/19 05:00 1☼Total TCDD 5.2 B q

6.2 0.080 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,7,8-PeCDD ND
6.2 0.080 pg/g 12/11/19 10:49 12/18/19 05:00 1☼Total PeCDD 4.6 J q

6.2 0.091 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,4,7,8-HxCDD 0.39 J

6.2 0.088 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,6,7,8-HxCDD 0.54 J

6.2 0.084 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,7,8,9-HxCDD 1.0 J q

6.2 0.088 pg/g 12/11/19 10:49 12/18/19 05:00 1☼Total HxCDD 26 B q

6.2 0.17 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,4,6,7,8-HpCDD 22 B

6.2 0.17 pg/g 12/11/19 10:49 12/18/19 05:00 1☼Total HpCDD 70 B

12 0.022 pg/g 12/11/19 10:49 12/18/19 05:00 1☼OCDD 450 B

1.2 0.18 pg/g 12/11/19 10:49 12/18/19 13:39 1☼2,3,7,8-TCDF 2.0

1.2 0.079 pg/g 12/11/19 10:49 12/18/19 05:00 1☼Total TCDF 5.0 B q

6.2 0.10 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,7,8-PeCDF ND
6.2 0.10 pg/g 12/11/19 10:49 12/18/19 05:00 1☼2,3,4,7,8-PeCDF 0.26 J

6.2 0.10 pg/g 12/11/19 10:49 12/18/19 05:00 1☼Total PeCDF 0.88 J I q

6.2 0.079 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,4,7,8-HxCDF 0.42 J

6.2 0.075 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,6,7,8-HxCDF 0.23 J

6.2 0.081 pg/g 12/11/19 10:49 12/18/19 05:00 1☼2,3,4,6,7,8-HxCDF ND
6.2 0.11 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,7,8,9-HxCDF ND
6.2 0.087 pg/g 12/11/19 10:49 12/18/19 05:00 1☼Total HxCDF 2.2 J I q

6.2 0.043 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,4,6,7,8-HpCDF 0.90 J B

6.2 0.062 pg/g 12/11/19 10:49 12/18/19 05:00 1☼1,2,3,4,7,8,9-HpCDF ND
6.2 0.053 pg/g 12/11/19 10:49 12/18/19 05:00 1☼Total HpCDF 2.3 J B q

12 0.099 pg/g 12/11/19 10:49 12/18/19 05:00 1☼OCDF 5.3 J B

13C-2,3,7,8-TCDD 67 25 - 164 12/11/19 10:49 12/18/19 05:00 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 62 12/11/19 10:49 12/18/19 05:00 125 - 181

13C-1,2,3,4,7,8-HxCDD 68 12/11/19 10:49 12/18/19 05:00 132 - 141

13C-1,2,3,6,7,8-HxCDD 67 12/11/19 10:49 12/18/19 05:00 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 66 12/11/19 10:49 12/18/19 05:00 123 - 140

13C-OCDD 57 12/11/19 10:49 12/18/19 05:00 117 - 157

13C-2,3,7,8-TCDF 66 12/11/19 10:49 12/18/19 05:00 124 - 169

13C-2,3,7,8-TCDF 62 12/11/19 10:49 12/18/19 13:39 124 - 169

13C-1,2,3,7,8-PeCDF 63 12/11/19 10:49 12/18/19 05:00 124 - 185

13C-2,3,4,7,8-PeCDF 60 12/11/19 10:49 12/18/19 05:00 121 - 178

13C-1,2,3,4,7,8-HxCDF 69 12/11/19 10:49 12/18/19 05:00 126 - 152

13C-1,2,3,6,7,8-HxCDF 69 12/11/19 10:49 12/18/19 05:00 126 - 123

13C-2,3,4,6,7,8-HxCDF 69 12/11/19 10:49 12/18/19 05:00 128 - 136

13C-1,2,3,7,8,9-HxCDF 68 12/11/19 10:49 12/18/19 05:00 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 64 12/11/19 10:49 12/18/19 05:00 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 62 12/11/19 10:49 12/18/19 05:00 126 - 138

13C-OCDF 62 12/11/19 10:49 12/18/19 05:00 117 - 157

37Cl4-2,3,7,8-TCDD 71 35 - 197 12/11/19 10:49 12/18/19 05:00 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-16Client Sample ID: 11187072-120719-SS-SJSSA02(0-1)
Matrix: SedimentDate Collected: 12/07/19 11:50

Percent Solids: 71.2Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 1.1 J q 1.4 0.12 pg/g ☼ 12/11/19 10:49 12/18/19 06:01 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.4 0.12 pg/g 12/11/19 10:49 12/18/19 06:01 1☼Total TCDD 7.0 B q

7.1 0.062 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,7,8-PeCDD ND
7.1 0.062 pg/g 12/11/19 10:49 12/18/19 06:01 1☼Total PeCDD 4.3 J q

7.1 0.14 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,4,7,8-HxCDD ND
7.1 0.14 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,6,7,8-HxCDD 0.32 J q

7.1 0.13 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,7,8,9-HxCDD 0.80 J

7.1 0.14 pg/g 12/11/19 10:49 12/18/19 06:01 1☼Total HxCDD 18 B q

7.1 0.090 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,4,6,7,8-HpCDD 14 B q

7.1 0.090 pg/g 12/11/19 10:49 12/18/19 06:01 1☼Total HpCDD 48 B q

14 0.0088 pg/g 12/11/19 10:49 12/18/19 06:01 1☼OCDD 400 B

1.4 0.17 pg/g 12/11/19 10:49 12/18/19 14:14 1☼2,3,7,8-TCDF 3.6 q

1.4 0.094 pg/g 12/11/19 10:49 12/18/19 06:01 1☼Total TCDF 7.7 B q

7.1 0.095 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,7,8-PeCDF ND
7.1 0.092 pg/g 12/11/19 10:49 12/18/19 06:01 1☼2,3,4,7,8-PeCDF ND
7.1 0.095 pg/g 12/11/19 10:49 12/18/19 06:01 1☼Total PeCDF ND
7.1 0.094 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,4,7,8-HxCDF ND
7.1 0.092 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,6,7,8-HxCDF ND
7.1 0.097 pg/g 12/11/19 10:49 12/18/19 06:01 1☼2,3,4,6,7,8-HxCDF ND
7.1 0.13 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,7,8,9-HxCDF ND
7.1 0.10 pg/g 12/11/19 10:49 12/18/19 06:01 1☼Total HxCDF 0.85 J I q

7.1 0.039 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,4,6,7,8-HpCDF 0.67 J B

7.1 0.061 pg/g 12/11/19 10:49 12/18/19 06:01 1☼1,2,3,4,7,8,9-HpCDF 0.083 J B q

7.1 0.050 pg/g 12/11/19 10:49 12/18/19 06:01 1☼Total HpCDF 1.5 J B q

14 0.018 pg/g 12/11/19 10:49 12/18/19 06:01 1☼OCDF 3.8 J B

13C-2,3,7,8-TCDD 64 25 - 164 12/11/19 10:49 12/18/19 06:01 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 66 12/11/19 10:49 12/18/19 06:01 125 - 181

13C-1,2,3,4,7,8-HxCDD 70 12/11/19 10:49 12/18/19 06:01 132 - 141

13C-1,2,3,6,7,8-HxCDD 74 12/11/19 10:49 12/18/19 06:01 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 73 12/11/19 10:49 12/18/19 06:01 123 - 140

13C-OCDD 63 12/11/19 10:49 12/18/19 06:01 117 - 157

13C-2,3,7,8-TCDF 65 12/11/19 10:49 12/18/19 06:01 124 - 169

13C-2,3,7,8-TCDF 61 12/11/19 10:49 12/18/19 14:14 124 - 169

13C-1,2,3,7,8-PeCDF 66 12/11/19 10:49 12/18/19 06:01 124 - 185

13C-2,3,4,7,8-PeCDF 64 12/11/19 10:49 12/18/19 06:01 121 - 178

13C-1,2,3,4,7,8-HxCDF 67 12/11/19 10:49 12/18/19 06:01 126 - 152

13C-1,2,3,6,7,8-HxCDF 70 12/11/19 10:49 12/18/19 06:01 126 - 123

13C-2,3,4,6,7,8-HxCDF 70 12/11/19 10:49 12/18/19 06:01 128 - 136

13C-1,2,3,7,8,9-HxCDF 69 12/11/19 10:49 12/18/19 06:01 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 70 12/11/19 10:49 12/18/19 06:01 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 64 12/11/19 10:49 12/18/19 06:01 126 - 138

13C-OCDF 65 12/11/19 10:49 12/18/19 06:01 117 - 157

37Cl4-2,3,7,8-TCDD 72 35 - 197 12/11/19 10:49 12/18/19 06:01 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Client Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 140-17578-17Client Sample ID: 11187072-120719-SS-SJSSA02(1-2)
Matrix: SedimentDate Collected: 12/07/19 11:55

Percent Solids: 75.2Date Received: 12/10/19 10:00

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 1.1 J 1.4 0.093 pg/g ☼ 12/11/19 10:49 12/18/19 07:02 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.4 0.093 pg/g 12/11/19 10:49 12/18/19 07:02 1☼Total TCDD 11 B q

7.0 0.065 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,7,8-PeCDD 0.17 J q

7.0 0.065 pg/g 12/11/19 10:49 12/18/19 07:02 1☼Total PeCDD 8.8 q

7.0 0.17 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,4,7,8-HxCDD 0.33 J q

7.0 0.17 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,6,7,8-HxCDD 0.42 J

7.0 0.16 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,7,8,9-HxCDD 1.4 J

7.0 0.17 pg/g 12/11/19 10:49 12/18/19 07:02 1☼Total HxCDD 34 B q

7.0 0.17 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,4,6,7,8-HpCDD 21 B

7.0 0.17 pg/g 12/11/19 10:49 12/18/19 07:02 1☼Total HpCDD 77 B

14 0.024 pg/g 12/11/19 10:49 12/18/19 07:02 1☼OCDD 510 B

1.4 0.28 pg/g 12/11/19 10:49 12/18/19 14:50 1☼2,3,7,8-TCDF 3.2

1.4 0.072 pg/g 12/11/19 10:49 12/18/19 07:02 1☼Total TCDF 6.8 B q

7.0 0.063 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,7,8-PeCDF ND
7.0 0.061 pg/g 12/11/19 10:49 12/18/19 07:02 1☼2,3,4,7,8-PeCDF ND
7.0 0.062 pg/g 12/11/19 10:49 12/18/19 07:02 1☼Total PeCDF 1.1 J q

7.0 0.084 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,4,7,8-HxCDF 1.1 J

7.0 0.087 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,6,7,8-HxCDF 0.35 J

7.0 0.084 pg/g 12/11/19 10:49 12/18/19 07:02 1☼2,3,4,6,7,8-HxCDF ND
7.0 0.12 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,7,8,9-HxCDF ND
7.0 0.094 pg/g 12/11/19 10:49 12/18/19 07:02 1☼Total HxCDF 3.1 J I q

7.0 0.10 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,4,6,7,8-HpCDF 2.6 J B

7.0 0.17 pg/g 12/11/19 10:49 12/18/19 07:02 1☼1,2,3,4,7,8,9-HpCDF 0.52 J B

7.0 0.13 pg/g 12/11/19 10:49 12/18/19 07:02 1☼Total HpCDF 4.8 J B q

14 0.12 pg/g 12/11/19 10:49 12/18/19 07:02 1☼OCDF 4.3 J B q

13C-2,3,7,8-TCDD 59 25 - 164 12/11/19 10:49 12/18/19 07:02 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8-PeCDD 63 12/11/19 10:49 12/18/19 07:02 125 - 181

13C-1,2,3,4,7,8-HxCDD 66 12/11/19 10:49 12/18/19 07:02 132 - 141

13C-1,2,3,6,7,8-HxCDD 70 12/11/19 10:49 12/18/19 07:02 128 - 130

13C-1,2,3,4,6,7,8-HpCDD 68 12/11/19 10:49 12/18/19 07:02 123 - 140

13C-OCDD 59 12/11/19 10:49 12/18/19 07:02 117 - 157

13C-2,3,7,8-TCDF 61 12/11/19 10:49 12/18/19 07:02 124 - 169

13C-2,3,7,8-TCDF 60 12/11/19 10:49 12/18/19 14:50 124 - 169

13C-1,2,3,7,8-PeCDF 61 12/11/19 10:49 12/18/19 07:02 124 - 185

13C-2,3,4,7,8-PeCDF 63 12/11/19 10:49 12/18/19 07:02 121 - 178

13C-1,2,3,4,7,8-HxCDF 67 12/11/19 10:49 12/18/19 07:02 126 - 152

13C-1,2,3,6,7,8-HxCDF 67 12/11/19 10:49 12/18/19 07:02 126 - 123

13C-2,3,4,6,7,8-HxCDF 69 12/11/19 10:49 12/18/19 07:02 128 - 136

13C-1,2,3,7,8,9-HxCDF 66 12/11/19 10:49 12/18/19 07:02 129 - 147

13C-1,2,3,4,6,7,8-HpCDF 68 12/11/19 10:49 12/18/19 07:02 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 61 12/11/19 10:49 12/18/19 07:02 126 - 138

13C-OCDF 60 12/11/19 10:49 12/18/19 07:02 117 - 157

37Cl4-2,3,7,8-TCDD 67 35 - 197 12/11/19 10:49 12/18/19 07:02 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Knoxville
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Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120419-SS-SJSSA08(0-1) Lab Sample ID: 140-17578-1

Analyte

2,3,7,8-TCDD

Result

4.1

Qualifier Unit

pg/g 4.1

TEF

WHO 2005

MethodRL

1.3 1
TEQ

0.13
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.20 J q pg/g 0.2016.5 0.092 1613B
1,2,3,4,7,8-HxCDD 0.31 J q pg/g 0.0310.16.5 0.047 1613B
1,2,3,6,7,8-HxCDD 0.57 J pg/g 0.0570.16.5 0.049 1613B
1,2,3,7,8,9-HxCDD 1.3 J pg/g 0.130.16.5 0.045 1613B
1,2,3,4,6,7,8-HpCDD 28 B pg/g 0.280.016.5 0.15 1613B
OCDD 930 B pg/g 0.280.000313 0.050 1613B
2,3,7,8-TCDF 11 pg/g 1.10.11.3 0.46 1613B
1,2,3,7,8-PeCDF 0.49 J pg/g 0.0150.036.5 0.078 1613B
2,3,4,7,8-PeCDF 0.29 J pg/g 0.0870.36.5 0.073 1613B
1,2,3,4,7,8-HxCDF 0.84 J pg/g 0.0840.16.5 0.12 1613B
1,2,3,6,7,8-HxCDF 0.37 J I q pg/g 0.0370.16.5 0.11 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00600.16.5 0.12 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00800.16.5 0.16 1613B
1,2,3,4,6,7,8-HpCDF 3.1 J B pg/g 0.0310.016.5 0.075 1613B
1,2,3,4,7,8,9-HpCDF 0.53 J B q pg/g 0.00530.016.5 0.12 1613B
OCDF 20 B pg/g 0.00600.000313 0.17 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 6.5
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120419-SS-SJSSA08(1-2) Lab Sample ID: 140-17578-2

Analyte

2,3,7,8-TCDD

Result

10

Qualifier Unit

pg/g 10

TEF

WHO 2005

MethodRL

1.5 1
TEQ

0.096
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.49 J q pg/g 0.4917.3 0.066 1613B
1,2,3,4,7,8-HxCDD 0.98 J pg/g 0.0980.17.3 0.052 1613B
1,2,3,6,7,8-HxCDD 1.7 J pg/g 0.170.17.3 0.052 1613B
1,2,3,7,8,9-HxCDD 3.0 J pg/g 0.300.17.3 0.049 1613B
1,2,3,4,6,7,8-HpCDD 73 B pg/g 0.730.017.3 0.17 1613B
OCDD 2600 B pg/g 0.780.000315 0.049 1613B
2,3,7,8-TCDF 32 pg/g 3.20.11.5 0.51 1613B
1,2,3,7,8-PeCDF 1.2 J pg/g 0.0360.037.3 0.062 1613B
2,3,4,7,8-PeCDF 0.86 J q pg/g 0.260.37.3 0.059 1613B
1,2,3,4,7,8-HxCDF 2.5 J pg/g 0.250.17.3 0.12 1613B
1,2,3,6,7,8-HxCDF 1.1 J I pg/g 0.110.17.3 0.11 1613B
2,3,4,6,7,8-HxCDF 0.25 J q pg/g 0.0250.17.3 0.13 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00800.17.3 0.16 1613B
1,2,3,4,6,7,8-HpCDF 6.6 J B pg/g 0.0660.017.3 0.12 1613B
1,2,3,4,7,8,9-HpCDF 1.0 J B pg/g 0.0100.017.3 0.17 1613B
OCDF 53 B pg/g 0.0160.000315 0.026 1613B

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120419-SS-SJSSA08(1-2) 
(Continued)

Lab Sample ID: 140-17578-2

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 17
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120419-SS-SJSSA08(2-4) Lab Sample ID: 140-17578-3

Analyte

2,3,7,8-TCDD

Result

75

Qualifier Unit

pg/g 75

TEF

WHO 2005

MethodRL

1.8 1
TEQ

0.15
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 1.5 J pg/g 1.518.9 0.27 1613B
1,2,3,4,7,8-HxCDD 1.4 J pg/g 0.140.18.9 0.093 1613B
1,2,3,6,7,8-HxCDD 2.6 J pg/g 0.260.18.9 0.091 1613B
1,2,3,7,8,9-HxCDD 4.8 J pg/g 0.480.18.9 0.086 1613B
1,2,3,4,6,7,8-HpCDD 110 B pg/g 1.10.018.9 0.14 1613B
OCDD 3600 B pg/g 1.10.000318 0.11 1613B
2,3,7,8-TCDF 260 pg/g 260.11.8 0.93 1613B
1,2,3,7,8-PeCDF 6.9 J pg/g 0.210.038.9 0.088 1613B
2,3,4,7,8-PeCDF 5.2 J pg/g 1.60.38.9 0.084 1613B
1,2,3,4,7,8-HxCDF 10 pg/g 1.00.18.9 0.18 1613B
1,2,3,6,7,8-HxCDF 3.2 J pg/g 0.320.18.9 0.17 1613B
2,3,4,6,7,8-HxCDF 0.59 J pg/g 0.0590.18.9 0.18 1613B
1,2,3,7,8,9-HxCDF 0.34 J q pg/g 0.0340.18.9 0.24 1613B
1,2,3,4,6,7,8-HpCDF 13 B pg/g 0.130.018.9 0.17 1613B
1,2,3,4,7,8,9-HpCDF 2.2 J B pg/g 0.0220.018.9 0.27 1613B
OCDF 93 B pg/g 0.0280.000318 0.60 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 110
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120419-SS-SJSSA08(4-6) Lab Sample ID: 140-17578-4

Analyte

2,3,7,8-TCDD

Result

35

Qualifier Unit

pg/g 35

TEF

WHO 2005

MethodRL

1.4 1
TEQ

0.13
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.52 J pg/g 0.5217.1 0.12 1613B
1,2,3,4,7,8-HxCDD 0.35 J q pg/g 0.0350.17.1 0.21 1613B
1,2,3,6,7,8-HxCDD 0.90 J pg/g 0.0900.17.1 0.20 1613B
1,2,3,7,8,9-HxCDD 2.3 J pg/g 0.230.17.1 0.19 1613B
1,2,3,4,6,7,8-HpCDD 35 B pg/g 0.350.017.1 0.12 1613B
OCDD 830 B pg/g 0.250.000314 0.046 1613B
2,3,7,8-TCDF 120 pg/g 120.11.4 0.69 1613B
1,2,3,7,8-PeCDF 2.7 J pg/g 0.0810.037.1 0.14 1613B
2,3,4,7,8-PeCDF 2.6 J pg/g 0.780.37.1 0.13 1613B

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120419-SS-SJSSA08(4-6) 
(Continued)

Lab Sample ID: 140-17578-4

Analyte

1,2,3,4,7,8-HxCDF

Result

4.0

Qualifier

J

Unit

pg/g 0.40

TEF

WHO 2005

MethodRL

7.1 0.1
TEQ

0.16
EDL

ND = ½ EDL

1613B
1,2,3,6,7,8-HxCDF 0.99 J q pg/g 0.0990.17.1 0.15 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00800.17.1 0.16 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.0110.17.1 0.21 1613B
1,2,3,4,6,7,8-HpCDF 2.3 J B pg/g 0.0230.017.1 0.073 1613B
1,2,3,4,7,8,9-HpCDF 0.41 J B q pg/g 0.00410.017.1 0.12 1613B
OCDF 8.6 J B pg/g 0.00260.000314 0.087 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 50
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120619-SS-SJSSA03(0-1) Lab Sample ID: 140-17578-5

Analyte

2,3,7,8-TCDD

Result

8.4

Qualifier Unit

pg/g 8.4

TEF

WHO 2005

MethodRL

1.6 1
TEQ

0.11
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.40 J pg/g 0.4018.2 0.083 1613B
1,2,3,4,7,8-HxCDD 0.56 J pg/g 0.0560.18.2 0.28 1613B
1,2,3,6,7,8-HxCDD 0.79 J q pg/g 0.0790.18.2 0.30 1613B
1,2,3,7,8,9-HxCDD 2.7 J pg/g 0.270.18.2 0.27 1613B
1,2,3,4,6,7,8-HpCDD 41 B pg/g 0.410.018.2 0.14 1613B
OCDD 980 B pg/g 0.290.000316 0.044 1613B
2,3,7,8-TCDF 34 pg/g 3.40.11.6 0.60 1613B
1,2,3,7,8-PeCDF 4.6 J pg/g 0.140.038.2 0.15 1613B
2,3,4,7,8-PeCDF 4.9 J pg/g 1.50.38.2 0.14 1613B
1,2,3,4,7,8-HxCDF 4.1 J pg/g 0.410.18.2 0.071 1613B
1,2,3,6,7,8-HxCDF 1.2 J pg/g 0.120.18.2 0.068 1613B
2,3,4,6,7,8-HxCDF 0.37 J pg/g 0.0370.18.2 0.075 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00480.18.2 0.096 1613B
1,2,3,4,6,7,8-HpCDF 2.2 J B pg/g 0.0220.018.2 0.057 1613B
1,2,3,4,7,8,9-HpCDF 0.35 J B q pg/g 0.00350.018.2 0.087 1613B
OCDF 10 J B pg/g 0.00300.000316 0.12 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 16
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA03(1-2) Lab Sample ID: 140-17578-6

Analyte

2,3,7,8-TCDD

Result

3.8

Qualifier Unit

pg/g 3.8

TEF

WHO 2005

MethodRL

1.4 1
TEQ

0.069
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.32 J pg/g 0.3217.0 0.12 1613B
1,2,3,4,7,8-HxCDD 0.48 J q pg/g 0.0480.17.0 0.27 1613B
1,2,3,6,7,8-HxCDD 0.87 J q pg/g 0.0870.17.0 0.28 1613B
1,2,3,7,8,9-HxCDD 2.3 J pg/g 0.230.17.0 0.26 1613B
1,2,3,4,6,7,8-HpCDD 34 B pg/g 0.340.017.0 0.11 1613B
OCDD 810 B pg/g 0.240.000314 0.053 1613B
2,3,7,8-TCDF 12 pg/g 1.20.11.4 0.54 1613B
1,2,3,7,8-PeCDF 0.32 J q pg/g 0.00960.037.0 0.12 1613B
2,3,4,7,8-PeCDF 0.26 J pg/g 0.0780.37.0 0.11 1613B
1,2,3,4,7,8-HxCDF 0.66 J pg/g 0.0660.17.0 0.094 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.00480.17.0 0.095 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00500.17.0 0.10 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00700.17.0 0.14 1613B
1,2,3,4,6,7,8-HpCDF 1.1 J B pg/g 0.0110.017.0 0.037 1613B
1,2,3,4,7,8,9-HpCDF 0.23 J B pg/g 0.00230.017.0 0.058 1613B
OCDF 5.5 J B pg/g 0.00170.000314 0.15 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 6.5
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120619-SS-SJSSA03(2-4) Lab Sample ID: 140-17578-7

Analyte

2,3,7,8-TCDD

Result

0.20

Qualifier

J q

Unit

pg/g 0.20

TEF

WHO 2005

MethodRL

1.3 1
TEQ

0.074
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.20 J q pg/g 0.2016.4 0.070 1613B
1,2,3,4,7,8-HxCDD 0.40 J pg/g 0.0400.16.4 0.035 1613B
1,2,3,6,7,8-HxCDD 0.56 J q pg/g 0.0560.16.4 0.037 1613B
1,2,3,7,8,9-HxCDD 2.2 J q pg/g 0.220.16.4 0.034 1613B
1,2,3,4,6,7,8-HpCDD 30 B pg/g 0.300.016.4 0.13 1613B
OCDD 700 B pg/g 0.210.000313 0.031 1613B
2,3,7,8-TCDF 0.92 J q pg/g 0.0920.11.3 0.061 1613B
1,2,3,7,8-PeCDF ND pg/g 0.00140.036.4 0.091 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0120.36.4 0.083 1613B
1,2,3,4,7,8-HxCDF ND pg/g 0.00420.16.4 0.084 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.00410.16.4 0.081 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00450.16.4 0.090 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00550.16.4 0.11 1613B
1,2,3,4,6,7,8-HpCDF 0.42 J B pg/g 0.00420.016.4 0.053 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.000410.016.4 0.082 1613B
OCDF 1.6 J B pg/g 0.000480.000313 0.080 1613B

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA03(2-4) 
(Continued)

Lab Sample ID: 140-17578-7

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 1.4
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120619-SS-SJSSA03(4-6) Lab Sample ID: 140-17578-8

Analyte

2,3,7,8-TCDD

Result

8.5

Qualifier Unit

pg/g 8.5

TEF

WHO 2005

MethodRL

1.5 1
TEQ

0.093
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.62 J q pg/g 0.6217.3 0.058 1613B
1,2,3,4,7,8-HxCDD 0.95 J q pg/g 0.0950.17.3 0.068 1613B
1,2,3,6,7,8-HxCDD 2.7 J pg/g 0.270.17.3 0.073 1613B
1,2,3,7,8,9-HxCDD 3.9 J pg/g 0.390.17.3 0.066 1613B
1,2,3,4,6,7,8-HpCDD 90 B pg/g 0.900.017.3 0.11 1613B
OCDD 2300 B pg/g 0.690.000315 0.045 1613B
2,3,7,8-TCDF 24 pg/g 2.40.11.5 0.39 1613B
1,2,3,7,8-PeCDF 1.1 J pg/g 0.0330.037.3 0.081 1613B
2,3,4,7,8-PeCDF 0.89 J pg/g 0.270.37.3 0.076 1613B
1,2,3,4,7,8-HxCDF 2.6 J pg/g 0.260.17.3 0.15 1613B
1,2,3,6,7,8-HxCDF 1.5 J I pg/g 0.150.17.3 0.14 1613B
2,3,4,6,7,8-HxCDF 0.34 J q pg/g 0.0340.17.3 0.16 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.0110.17.3 0.21 1613B
1,2,3,4,6,7,8-HpCDF 11 B pg/g 0.110.017.3 0.13 1613B
1,2,3,4,7,8,9-HpCDF 1.5 J B q pg/g 0.0150.017.3 0.19 1613B
OCDF 120 B pg/g 0.0360.000315 0.11 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 15
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120619-SS-SJSSA06(0-1) Lab Sample ID: 140-17578-9

Analyte

2,3,7,8-TCDD

Result

74

Qualifier Unit

pg/g 74

TEF

WHO 2005

MethodRL

1.2 1
TEQ

0.13
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.69 J pg/g 0.6915.8 0.032 1613B
1,2,3,4,7,8-HxCDD 0.20 J q pg/g 0.0200.15.8 0.023 1613B
1,2,3,6,7,8-HxCDD 0.45 J pg/g 0.0450.15.8 0.023 1613B
1,2,3,7,8,9-HxCDD 0.87 J pg/g 0.0870.15.8 0.022 1613B
1,2,3,4,6,7,8-HpCDD 16 B pg/g 0.160.015.8 0.17 1613B
OCDD 380 B pg/g 0.110.000312 0.072 1613B
2,3,7,8-TCDF 270 pg/g 270.11.2 0.70 1613B
1,2,3,7,8-PeCDF 6.6 pg/g 0.200.035.8 0.069 1613B
2,3,4,7,8-PeCDF 4.7 J pg/g 1.40.35.8 0.062 1613B

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA06(0-1) 
(Continued)

Lab Sample ID: 140-17578-9

Analyte

1,2,3,4,7,8-HxCDF

Result

9.6

Qualifier Unit

pg/g 0.96

TEF

WHO 2005

MethodRL

5.8 0.1
TEQ

0.056
EDL

ND = ½ EDL

1613B
1,2,3,6,7,8-HxCDF 2.3 J pg/g 0.230.15.8 0.053 1613B
2,3,4,6,7,8-HxCDF 0.35 J q pg/g 0.0350.15.8 0.059 1613B
1,2,3,7,8,9-HxCDF 0.24 J pg/g 0.0240.15.8 0.076 1613B
1,2,3,4,6,7,8-HpCDF 3.1 J B pg/g 0.0310.015.8 0.048 1613B
1,2,3,4,7,8,9-HpCDF 0.79 J B q pg/g 0.00790.015.8 0.080 1613B
OCDF 10 J B pg/g 0.00300.000312 0.053 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 110
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120619-SS-SJSSA06(1-2) Lab Sample ID: 140-17578-10

Analyte

2,3,7,8-TCDD

Result

83

Qualifier Unit

pg/g 83

TEF

WHO 2005

MethodRL

1.1 1
TEQ

0.13
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.70 J pg/g 0.7015.5 0.036 1613B
1,2,3,4,7,8-HxCDD 0.20 J pg/g 0.0200.15.5 0.026 1613B
1,2,3,6,7,8-HxCDD 0.24 J pg/g 0.0240.15.5 0.025 1613B
1,2,3,7,8,9-HxCDD 0.72 J pg/g 0.0720.15.5 0.024 1613B
1,2,3,4,6,7,8-HpCDD 9.9 B pg/g 0.0990.015.5 0.10 1613B
OCDD 210 B pg/g 0.0630.000311 0.028 1613B
2,3,7,8-TCDF 300 pg/g 300.11.1 0.66 1613B
1,2,3,7,8-PeCDF 6.2 pg/g 0.190.035.5 0.041 1613B
2,3,4,7,8-PeCDF 5.1 J pg/g 1.50.35.5 0.038 1613B
1,2,3,4,7,8-HxCDF 9.2 pg/g 0.920.15.5 0.053 1613B
1,2,3,6,7,8-HxCDF 2.4 J pg/g 0.240.15.5 0.049 1613B
2,3,4,6,7,8-HxCDF 0.32 J q pg/g 0.0320.15.5 0.055 1613B
1,2,3,7,8,9-HxCDF 0.17 J q pg/g 0.0170.15.5 0.071 1613B
1,2,3,4,6,7,8-HpCDF 2.7 J B pg/g 0.0270.015.5 0.041 1613B
1,2,3,4,7,8,9-HpCDF 1.0 J B pg/g 0.0100.015.5 0.064 1613B
OCDF 4.8 J B pg/g 0.00140.000311 0.046 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 120
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA06(2-4) Lab Sample ID: 140-17578-11

Analyte

2,3,7,8-TCDD

Result

82

Qualifier Unit

pg/g 82

TEF

WHO 2005

MethodRL

1.2 1
TEQ

0.11
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.68 J q pg/g 0.6815.9 0.13 1613B
1,2,3,4,7,8-HxCDD 0.16 J pg/g 0.0160.15.9 0.035 1613B
1,2,3,6,7,8-HxCDD 0.42 J q pg/g 0.0420.15.9 0.035 1613B
1,2,3,7,8,9-HxCDD 0.58 J q pg/g 0.0580.15.9 0.033 1613B
1,2,3,4,6,7,8-HpCDD 9.3 B pg/g 0.0930.015.9 0.089 1613B
OCDD 200 B pg/g 0.0600.000312 0.042 1613B
2,3,7,8-TCDF 290 pg/g 290.11.2 0.75 1613B
1,2,3,7,8-PeCDF 6.2 pg/g 0.190.035.9 0.039 1613B
2,3,4,7,8-PeCDF 5.4 J pg/g 1.60.35.9 0.041 1613B
1,2,3,4,7,8-HxCDF 9.7 pg/g 0.970.15.9 0.065 1613B
1,2,3,6,7,8-HxCDF 2.3 J pg/g 0.230.15.9 0.061 1613B
2,3,4,6,7,8-HxCDF 0.37 J pg/g 0.0370.15.9 0.068 1613B
1,2,3,7,8,9-HxCDF 0.15 J q pg/g 0.0150.15.9 0.092 1613B
1,2,3,4,6,7,8-HpCDF 2.8 J B pg/g 0.0280.015.9 0.042 1613B
1,2,3,4,7,8,9-HpCDF 0.93 J B q pg/g 0.00930.015.9 0.071 1613B
OCDF 3.4 J B pg/g 0.00100.000312 0.042 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 120
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6) Lab Sample ID: 140-17578-12

Analyte

2,3,7,8-TCDD

Result

2800

Qualifier Unit

pg/g 2800

TEF

WHO 2005

MethodRL

17 1
TEQ

2.4
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 25 J pg/g 25183 3.2 1613B
1,2,3,4,7,8-HxCDD ND F2 F1 pg/g 0.0330.183 0.65 1613B
1,2,3,6,7,8-HxCDD ND pg/g 0.0320.183 0.64 1613B
1,2,3,7,8,9-HxCDD 4.0 J F2 pg/g 0.400.183 0.61 1613B
1,2,3,4,6,7,8-HpCDD 75 J B pg/g 0.750.0183 0.62 1613B
OCDD 1300 B F1 pg/g 0.390.0003170 0.52 1613B
2,3,7,8-TCDF 3900 pg/g 3900.125 12 1613B
1,2,3,7,8-PeCDF 250 F1 pg/g 7.50.0383 0.47 1613B
2,3,4,7,8-PeCDF 170 F1 pg/g 510.383 0.44 1613B
1,2,3,4,7,8-HxCDF 420 F1 pg/g 420.183 2.7 1613B
1,2,3,6,7,8-HxCDF 110 F1 pg/g 110.183 2.5 1613B
2,3,4,6,7,8-HxCDF 11 J pg/g 1.10.183 2.7 1613B
1,2,3,7,8,9-HxCDF 7.3 J q pg/g 0.730.183 3.4 1613B
1,2,3,4,6,7,8-HpCDF 100 F1 B pg/g 1.00.0183 0.081 1613B
1,2,3,4,7,8,9-HpCDF 41 J B pg/g 0.410.0183 0.15 1613B
OCDF 46 J B pg/g 0.0140.0003170 1.4 1613B

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6) 
(Continued)

Lab Sample ID: 140-17578-12

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 3300
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120619-SS-DUP1 Lab Sample ID: 140-17578-13

Analyte

2,3,7,8-TCDD

Result

360

Qualifier Unit

pg/g 360

TEF

WHO 2005

MethodRL

1.8 1
TEQ

0.56
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 7.7 J pg/g 7.719.2 0.18 1613B
1,2,3,4,7,8-HxCDD 0.71 J q pg/g 0.0710.19.2 0.064 1613B
1,2,3,6,7,8-HxCDD 0.91 J pg/g 0.0910.19.2 0.063 1613B
1,2,3,7,8,9-HxCDD 1.2 J pg/g 0.120.19.2 0.059 1613B
1,2,3,4,6,7,8-HpCDD 12 B pg/g 0.120.019.2 0.25 1613B
OCDD 230 B pg/g 0.0690.000318 0.067 1613B
2,3,7,8-TCDF 1900 pg/g 1900.19.2 3.2 1613B
1,2,3,7,8-PeCDF 160 pg/g 4.80.039.2 0.23 1613B
2,3,4,7,8-PeCDF 190 pg/g 570.39.2 0.22 1613B
1,2,3,4,7,8-HxCDF 120 pg/g 120.19.2 0.78 1613B
1,2,3,6,7,8-HxCDF 31 pg/g 3.10.19.2 0.77 1613B
2,3,4,6,7,8-HxCDF 9.5 pg/g 0.950.19.2 0.88 1613B
1,2,3,7,8,9-HxCDF 2.8 J pg/g 0.280.19.2 1.1 1613B
1,2,3,4,6,7,8-HpCDF 19 B pg/g 0.190.019.2 0.077 1613B
1,2,3,4,7,8,9-HpCDF 9.3 B pg/g 0.0930.019.2 0.12 1613B
OCDF 9.0 J B pg/g 0.00270.000318 0.079 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 640
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120719-SS-SJSSA02(2-4) Lab Sample ID: 140-17578-14

Analyte

2,3,7,8-TCDD

Result

6.8

Qualifier Unit

pg/g 6.8

TEF

WHO 2005

MethodRL

1.3 1
TEQ

0.099
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.42 J q pg/g 0.4216.4 0.063 1613B
1,2,3,4,7,8-HxCDD 0.39 J q pg/g 0.0390.16.4 0.13 1613B
1,2,3,6,7,8-HxCDD 1.1 J pg/g 0.110.16.4 0.13 1613B
1,2,3,7,8,9-HxCDD 2.3 J pg/g 0.230.16.4 0.12 1613B
1,2,3,4,6,7,8-HpCDD 44 B pg/g 0.440.016.4 0.21 1613B
OCDD 1000 B pg/g 0.300.000313 0.061 1613B
2,3,7,8-TCDF 18 pg/g 1.80.11.3 0.19 1613B
1,2,3,7,8-PeCDF 1.3 J pg/g 0.0390.036.4 0.18 1613B
2,3,4,7,8-PeCDF 1.2 J pg/g 0.360.36.4 0.17 1613B

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA02(2-4) 
(Continued)

Lab Sample ID: 140-17578-14

Analyte

1,2,3,4,7,8-HxCDF

Result

2.3

Qualifier

J

Unit

pg/g 0.23

TEF

WHO 2005

MethodRL

6.4 0.1
TEQ

0.16
EDL

ND = ½ EDL

1613B
1,2,3,6,7,8-HxCDF 0.73 J I q pg/g 0.0730.16.4 0.15 1613B
2,3,4,6,7,8-HxCDF 0.25 J pg/g 0.0250.16.4 0.17 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.0100.16.4 0.20 1613B
1,2,3,4,6,7,8-HpCDF 4.2 J B pg/g 0.0420.016.4 0.071 1613B
1,2,3,4,7,8,9-HpCDF 0.77 J B pg/g 0.00770.016.4 0.10 1613B
OCDF 25 B pg/g 0.00750.000313 0.017 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 11
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120719-SS-SJSSA02(4-6) Lab Sample ID: 140-17578-15

Analyte

2,3,7,8-TCDD

Result

0.62

Qualifier

J q

Unit

pg/g 0.62

TEF

WHO 2005

MethodRL

1.2 1
TEQ

0.081
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.04016.2 0.080 1613B
1,2,3,4,7,8-HxCDD 0.39 J pg/g 0.0390.16.2 0.091 1613B
1,2,3,6,7,8-HxCDD 0.54 J pg/g 0.0540.16.2 0.088 1613B
1,2,3,7,8,9-HxCDD 1.0 J q pg/g 0.100.16.2 0.084 1613B
1,2,3,4,6,7,8-HpCDD 22 B pg/g 0.220.016.2 0.17 1613B
OCDD 450 B pg/g 0.140.000312 0.022 1613B
2,3,7,8-TCDF 2.0 pg/g 0.200.11.2 0.18 1613B
1,2,3,7,8-PeCDF ND pg/g 0.00150.036.2 0.10 1613B
2,3,4,7,8-PeCDF 0.26 J pg/g 0.0780.36.2 0.10 1613B
1,2,3,4,7,8-HxCDF 0.42 J pg/g 0.0420.16.2 0.079 1613B
1,2,3,6,7,8-HxCDF 0.23 J pg/g 0.0230.16.2 0.075 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00410.16.2 0.081 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00550.16.2 0.11 1613B
1,2,3,4,6,7,8-HpCDF 0.90 J B pg/g 0.00900.016.2 0.043 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.000310.016.2 0.062 1613B
OCDF 5.3 J B pg/g 0.00160.000312 0.099 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 1.6
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA02(0-1) Lab Sample ID: 140-17578-16

Analyte

2,3,7,8-TCDD

Result

1.1

Qualifier

J q

Unit

pg/g 1.1

TEF

WHO 2005

MethodRL

1.4 1
TEQ

0.12
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.03117.1 0.062 1613B
1,2,3,4,7,8-HxCDD ND pg/g 0.00700.17.1 0.14 1613B
1,2,3,6,7,8-HxCDD 0.32 J q pg/g 0.0320.17.1 0.14 1613B
1,2,3,7,8,9-HxCDD 0.80 J pg/g 0.0800.17.1 0.13 1613B
1,2,3,4,6,7,8-HpCDD 14 B q pg/g 0.140.017.1 0.090 1613B
OCDD 400 B pg/g 0.120.000314 0.0088 1613B
2,3,7,8-TCDF 3.6 q pg/g 0.360.11.4 0.17 1613B
1,2,3,7,8-PeCDF ND pg/g 0.00140.037.1 0.095 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0140.37.1 0.092 1613B
1,2,3,4,7,8-HxCDF ND pg/g 0.00470.17.1 0.094 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.00460.17.1 0.092 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00490.17.1 0.097 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00650.17.1 0.13 1613B
1,2,3,4,6,7,8-HpCDF 0.67 J B pg/g 0.00670.017.1 0.039 1613B
1,2,3,4,7,8,9-HpCDF 0.083 J B q pg/g 0.000830.017.1 0.061 1613B
OCDF 3.8 J B pg/g 0.00110.000314 0.018 1613B

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 1.9
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120719-SS-SJSSA02(1-2) Lab Sample ID: 140-17578-17

Analyte

2,3,7,8-TCDD

Result

1.1

Qualifier

J

Unit

pg/g 1.1

TEF

WHO 2005

MethodRL

1.4 1
TEQ

0.093
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.17 J q pg/g 0.1717.0 0.065 1613B
1,2,3,4,7,8-HxCDD 0.33 J q pg/g 0.0330.17.0 0.17 1613B
1,2,3,6,7,8-HxCDD 0.42 J pg/g 0.0420.17.0 0.17 1613B
1,2,3,7,8,9-HxCDD 1.4 J pg/g 0.140.17.0 0.16 1613B
1,2,3,4,6,7,8-HpCDD 21 B pg/g 0.210.017.0 0.17 1613B
OCDD 510 B pg/g 0.150.000314 0.024 1613B
2,3,7,8-TCDF 3.2 pg/g 0.320.11.4 0.28 1613B
1,2,3,7,8-PeCDF ND pg/g 0.000950.037.0 0.063 1613B
2,3,4,7,8-PeCDF ND pg/g 0.00920.37.0 0.061 1613B
1,2,3,4,7,8-HxCDF 1.1 J pg/g 0.110.17.0 0.084 1613B
1,2,3,6,7,8-HxCDF 0.35 J pg/g 0.0350.17.0 0.087 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00420.17.0 0.084 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00600.17.0 0.12 1613B
1,2,3,4,6,7,8-HpCDF 2.6 J B pg/g 0.0260.017.0 0.10 1613B
1,2,3,4,7,8,9-HpCDF 0.52 J B pg/g 0.00520.017.0 0.17 1613B
OCDF 4.3 J B q pg/g 0.00130.000314 0.12 1613B

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.

Page 41 of 2476



Toxicity Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA02(1-2) 
(Continued)

Lab Sample ID: 140-17578-17

Analyte

Total Toxic Dioxins and Furans
Result Qualifier Unit

pg/g 2.4
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Eurofins TestAmerica, Knoxville

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Default Detection Limits
Client: GHD Services Inc. Job ID: 140-17578-1
Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep: HRMS-Sox

5.01,2,3,4,6,7,8-HpCDD pg/g
Analyte UnitsRL

5.01,2,3,4,6,7,8-HpCDF pg/g
5.01,2,3,4,7,8,9-HpCDF pg/g
5.01,2,3,4,7,8-HxCDD pg/g
5.01,2,3,4,7,8-HxCDF pg/g
5.01,2,3,6,7,8-HxCDD pg/g
5.01,2,3,6,7,8-HxCDF pg/g
5.01,2,3,7,8,9-HxCDD pg/g
5.01,2,3,7,8,9-HxCDF pg/g
5.01,2,3,7,8-PeCDD pg/g
5.01,2,3,7,8-PeCDF pg/g
5.02,3,4,6,7,8-HxCDF pg/g
5.02,3,4,7,8-PeCDF pg/g
1.02,3,7,8-TCDD pg/g
1.02,3,7,8-TCDF pg/g
10OCDD pg/g
10OCDF pg/g
5.0Total HpCDD pg/g
5.0Total HpCDF pg/g
5.0Total HxCDD pg/g
5.0Total HxCDF pg/g
5.0Total PeCDD pg/g
5.0Total PeCDF pg/g
1.0Total TCDD pg/g
1.0Total TCDF pg/g

Eurofins TestAmerica, Knoxville

Page 43 of 2476



Surrogate Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (35-197)

37TCDD

72140-17578-1

Percent Surrogate Recovery (Acceptance Limits)

11187072-120419-SS-SJSSA08(0-1)
72140-17578-2 11187072-120419-SS-SJSSA0

8(1-2)
72140-17578-3 11187072-120419-SS-SJSSA0

8(2-4)
69140-17578-4 11187072-120419-SS-SJSSA0

8(4-6)
68140-17578-5 11187072-120619-SS-SJSSA0

3(0-1)
69140-17578-6 11187072-120619-SS-SJSSA0

3(1-2)
72140-17578-7 11187072-120619-SS-SJSSA0

3(2-4)
68140-17578-8 11187072-120619-SS-SJSSA0

3(4-6)
73140-17578-9 11187072-120619-SS-SJSSA0

6(0-1)
72140-17578-10 11187072-120619-SS-SJSSA0

6(1-2)
71140-17578-11 11187072-120619-SS-SJSSA0

6(2-4)
101140-17578-12 11187072-120619-SS-SJSSA0

6(4-6)
82140-17578-12 MS 11187072-120619-SS-SJSSA0

6(4-6)
78140-17578-12 MSD 11187072-120619-SS-SJSSA0

6(4-6)
75140-17578-13 11187072-120619-SS-DUP1
67140-17578-14 11187072-120719-SS-SJSSA0

2(2-4)
71140-17578-15 11187072-120719-SS-SJSSA0

2(4-6)
72140-17578-16 11187072-120719-SS-SJSSA0

2(0-1)
67140-17578-17 11187072-120719-SS-SJSSA0

2(1-2)
76MB 140-35991/20-A Method Blank

Surrogate Legend

37TCDD = 37Cl4-2,3,7,8-TCDD

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (31-191)

37TCDD

72LCS 140-35991/21-A

Percent Surrogate Recovery (Acceptance Limits)

Lab Control Sample

Surrogate Legend

37TCDD = 37Cl4-2,3,7,8-TCDD

Eurofins TestAmerica, Knoxville
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Isotope Dilution Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (25-164) (25-181) (32-141) (28-130) (23-140) (17-157) (24-169) (24-185)

TCDD PeCDD HxCDD HxDD HpCDD OCDD TCDF PeCDF

64 67 66 75 71 60 66 66140-17578-1

Percent Isotope Dilution Recovery (Acceptance Limits)

11187072-120419-SS-SJSSA08(0-1)
63140-17578-1 11187072-120419-SS-SJSSA0

8(0-1)
64 70 65 7071 68 63 68140-17578-2 11187072-120419-SS-SJSSA0

8(1-2)
58140-17578-2 11187072-120419-SS-SJSSA0

8(1-2)
63 69 65 6968 66 64 67140-17578-3 11187072-120419-SS-SJSSA0

8(2-4)
61140-17578-3 11187072-120419-SS-SJSSA0

8(2-4)
63 67 67 6768 64 65 67140-17578-4 11187072-120419-SS-SJSSA0

8(4-6)
63140-17578-4 11187072-120419-SS-SJSSA0

8(4-6)
61 66 64 6666 61 61 63140-17578-5 11187072-120619-SS-SJSSA0

3(0-1)
59140-17578-5 11187072-120619-SS-SJSSA0

3(0-1)
63 68 64 6970 64 62 65140-17578-6 11187072-120619-SS-SJSSA0

3(1-2)
61140-17578-6 11187072-120619-SS-SJSSA0

3(1-2)
64 65 67 6970 64 63 65140-17578-7 11187072-120619-SS-SJSSA0

3(2-4)
63 65 67 7167 67 61 63140-17578-8 11187072-120619-SS-SJSSA0

3(4-6)
64140-17578-8 11187072-120619-SS-SJSSA0

3(4-6)
64 61 65 6867 61 63 62140-17578-9 11187072-120619-SS-SJSSA0

6(0-1)
63140-17578-9 11187072-120619-SS-SJSSA0

6(0-1)
65 63 61 6666 61 65 64140-17578-10 11187072-120619-SS-SJSSA0

6(1-2)
63140-17578-10 11187072-120619-SS-SJSSA0

6(1-2)
63 63 66 6668 57 64 66140-17578-11 11187072-120619-SS-SJSSA0

6(2-4)
66140-17578-11 11187072-120619-SS-SJSSA0

6(2-4)
69 63 q 70 7171 76 67 61140-17578-12 11187072-120619-SS-SJSSA0

6(4-6)
121140-17578-12 11187072-120619-SS-SJSSA0

6(4-6)
64 64 70 6270 57 60 59140-17578-12 MS 11187072-120619-SS-SJSSA0

6(4-6)
109140-17578-12 MS 11187072-120619-SS-SJSSA0

6(4-6)
54 52 70 6069 66 59 54140-17578-12 MSD 11187072-120619-SS-SJSSA0

6(4-6)
88140-17578-12 MSD 11187072-120619-SS-SJSSA0

6(4-6)
65 60 69 6471 53 65 60140-17578-13 11187072-120619-SS-DUP1

74140-17578-13 11187072-120619-SS-DUP1

Eurofins TestAmerica, Knoxville
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Isotope Dilution Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund
Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (25-164) (25-181) (32-141) (28-130) (23-140) (17-157) (24-169) (24-185)

TCDD PeCDD HxCDD HxDD HpCDD OCDD TCDF PeCDF

60 63 62 66 67 63 61 60140-17578-14

Percent Isotope Dilution Recovery (Acceptance Limits)

11187072-120719-SS-SJSSA02(2-4)
57140-17578-14 11187072-120719-SS-SJSSA0

2(2-4)
67 62 68 6667 57 66 63140-17578-15 11187072-120719-SS-SJSSA0

2(4-6)
62140-17578-15 11187072-120719-SS-SJSSA0

2(4-6)
64 66 70 7374 63 65 66140-17578-16 11187072-120719-SS-SJSSA0

2(0-1)
61140-17578-16 11187072-120719-SS-SJSSA0

2(0-1)
59 63 66 6870 59 61 61140-17578-17 11187072-120719-SS-SJSSA0

2(1-2)
60140-17578-17 11187072-120719-SS-SJSSA0

2(1-2)
65 65 67 7077 59 66 67MB 140-35991/20-A Method Blank

Lab Sample ID Client Sample ID (21-178) (26-152) (26-123) (28-136) (29-147) (28-143) (26-138) (17-157)

PeCF HxCDF HxDF 13CHxCF HxCF HpCDF HpCDF2 13C-OCDF

68 70 71 69 69 67 62 60140-17578-1

Percent Isotope Dilution Recovery (Acceptance Limits)

11187072-120419-SS-SJSSA08(0-1)
140-17578-1 11187072-120419-SS-SJSSA0

8(0-1)
66 66 67 6768 68 63 66140-17578-2 11187072-120419-SS-SJSSA0

8(1-2)
140-17578-2 11187072-120419-SS-SJSSA0

8(1-2)
66 66 66 6667 67 65 68140-17578-3 11187072-120419-SS-SJSSA0

8(2-4)
140-17578-3 11187072-120419-SS-SJSSA0

8(2-4)
66 66 67 6767 67 62 64140-17578-4 11187072-120419-SS-SJSSA0

8(4-6)
140-17578-4 11187072-120419-SS-SJSSA0

8(4-6)
63 65 63 6365 65 63 63140-17578-5 11187072-120619-SS-SJSSA0

3(0-1)
140-17578-5 11187072-120619-SS-SJSSA0

3(0-1)
66 68 67 6668 70 65 67140-17578-6 11187072-120619-SS-SJSSA0

3(1-2)
140-17578-6 11187072-120619-SS-SJSSA0

3(1-2)
65 68 69 6768 67 64 65140-17578-7 11187072-120619-SS-SJSSA0

3(2-4)
63 65 69 6766 69 66 69140-17578-8 11187072-120619-SS-SJSSA0

3(4-6)
140-17578-8 11187072-120619-SS-SJSSA0

3(4-6)
63 63 68 6664 66 62 61140-17578-9 11187072-120619-SS-SJSSA0

6(0-1)
140-17578-9 11187072-120619-SS-SJSSA0

6(0-1)
65 66 66 6565 65 62 63140-17578-10 11187072-120619-SS-SJSSA0

6(1-2)
140-17578-10 11187072-120619-SS-SJSSA0

6(1-2)

Eurofins TestAmerica, Knoxville
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Isotope Dilution Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund
Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (21-178) (26-152) (26-123) (28-136) (29-147) (28-143) (26-138) (17-157)

PeCF HxCDF HxDF 13CHxCF HxCF HpCDF HpCDF2 13C-OCDF

60 68 69 67 65 67 61 57140-17578-11

Percent Isotope Dilution Recovery (Acceptance Limits)

11187072-120619-SS-SJSSA06(2-4)
140-17578-11 11187072-120619-SS-SJSSA0

6(2-4)
69 68 62 6866 76 65 71140-17578-12 11187072-120619-SS-SJSSA0

6(4-6)
140-17578-12 11187072-120619-SS-SJSSA0

6(4-6)
65 69 67 6358 67 55 63140-17578-12 MS 11187072-120619-SS-SJSSA0

6(4-6)
140-17578-12 MS 11187072-120619-SS-SJSSA0

6(4-6)
54 62 q 72 7069 63 q 55 57140-17578-12 MSD 11187072-120619-SS-SJSSA0

6(4-6)
140-17578-12 MSD 11187072-120619-SS-SJSSA0

6(4-6)
59 71 69 6465 64 62 56140-17578-13 11187072-120619-SS-DUP1

140-17578-13 11187072-120619-SS-DUP1
62 65 64 6565 65 62 64140-17578-14 11187072-120719-SS-SJSSA0

2(2-4)
140-17578-14 11187072-120719-SS-SJSSA0

2(2-4)
60 69 69 6869 64 62 62140-17578-15 11187072-120719-SS-SJSSA0

2(4-6)
140-17578-15 11187072-120719-SS-SJSSA0

2(4-6)
64 67 70 6970 70 64 65140-17578-16 11187072-120719-SS-SJSSA0

2(0-1)
140-17578-16 11187072-120719-SS-SJSSA0

2(0-1)
63 67 67 6669 68 61 60140-17578-17 11187072-120719-SS-SJSSA0

2(1-2)
140-17578-17 11187072-120719-SS-SJSSA0

2(1-2)
66 72 73 7174 72 64 63MB 140-35991/20-A Method Blank

Surrogate Legend

TCDD = 13C-2,3,7,8-TCDD
PeCDD = 13C-1,2,3,7,8-PeCDD
HxCDD = 13C-1,2,3,4,7,8-HxCDD
HxDD = 13C-1,2,3,6,7,8-HxCDD
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD
OCDD = 13C-OCDD
TCDF = 13C-2,3,7,8-TCDF
PeCDF = 13C-1,2,3,7,8-PeCDF
PeCF = 13C-2,3,4,7,8-PeCDF
HxCDF = 13C-1,2,3,4,7,8-HxCDF
HxDF = 13C-1,2,3,6,7,8-HxCDF
13CHxCF = 13C-2,3,4,6,7,8-HxCDF
HxCF = 13C-1,2,3,7,8,9-HxCDF
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF
13C-OCDF = 13C-OCDF
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Isotope Dilution Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund
Method: 1613B - Dioxins and Furans (HRGC/HRMS)

Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (20-175) (21-227) (21-193) (25-163) (26-166) (13-199) (22-152) (21-192)

TCDD PeCDD HxCDD HxDD HpCDD OCDD TCDF PeCDF

65 70 70 78 79 70 65 69LCS 140-35991/21-A

Percent Isotope Dilution Recovery (Acceptance Limits)

Lab Control Sample

Lab Sample ID Client Sample ID (13-328) (19-202) (21-159) (22-176) (17-205) (21-158) (20-186) (13-199)

PeCF HxCDF HxDF 13CHxCF HxCF HpCDF HpCDF2 13C-OCDF

69 70 73 76 76 78 73 76LCS 140-35991/21-A

Percent Isotope Dilution Recovery (Acceptance Limits)

Lab Control Sample

Surrogate Legend

TCDD = 13C-2,3,7,8-TCDD
PeCDD = 13C-1,2,3,7,8-PeCDD
HxCDD = 13C-1,2,3,4,7,8-HxCDD
HxDD = 13C-1,2,3,6,7,8-HxCDD
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD
OCDD = 13C-OCDD
TCDF = 13C-2,3,7,8-TCDF
PeCDF = 13C-1,2,3,7,8-PeCDF
PeCF = 13C-2,3,4,7,8-PeCDF
HxCDF = 13C-1,2,3,4,7,8-HxCDF
HxDF = 13C-1,2,3,6,7,8-HxCDF
13CHxCF = 13C-2,3,4,6,7,8-HxCDF
HxCF = 13C-1,2,3,7,8,9-HxCDF
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF
13C-OCDF = 13C-OCDF
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QC Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)

Client Sample ID: Method BlankLab Sample ID: MB 140-35991/20-A
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 36126 Prep Batch: 35991

RL EDL

2,3,7,8-TCDD ND 1.0 0.063 pg/g 12/11/19 10:49 12/17/19 04:00 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

0.118 J 0.0631.0 pg/g 12/11/19 10:49 12/17/19 04:00 1Total TCDD
ND 0.0605.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,7,8-PeCDD
ND 0.0605.0 pg/g 12/11/19 10:49 12/17/19 04:00 1Total PeCDD
ND 0.0415.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,4,7,8-HxCDD
ND 0.0405.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,6,7,8-HxCDD
ND 0.0385.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,7,8,9-HxCDD

0.683 J q 0.0395.0 pg/g 12/11/19 10:49 12/17/19 04:00 1Total HxCDD
0.189 J q 0.0715.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,4,6,7,8-HpCDD
0.435 J q 0.0715.0 pg/g 12/11/19 10:49 12/17/19 04:00 1Total HpCDD

2.36 J q 0.01910 pg/g 12/11/19 10:49 12/17/19 04:00 1OCDD
ND 0.0321.0 pg/g 12/11/19 10:49 12/17/19 04:00 12,3,7,8-TCDF

0.116 J q 0.0321.0 pg/g 12/11/19 10:49 12/17/19 04:00 1Total TCDF
ND 0.0535.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,7,8-PeCDF
ND 0.0485.0 pg/g 12/11/19 10:49 12/17/19 04:00 12,3,4,7,8-PeCDF
ND 0.0535.0 pg/g 12/11/19 10:49 12/17/19 04:00 1Total PeCDF
ND 0.0505.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,4,7,8-HxCDF
ND 0.0465.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,6,7,8-HxCDF
ND 0.0505.0 pg/g 12/11/19 10:49 12/17/19 04:00 12,3,4,6,7,8-HxCDF
ND 0.0675.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,7,8,9-HxCDF
ND 0.0675.0 pg/g 12/11/19 10:49 12/17/19 04:00 1Total HxCDF

0.175 J q 0.0175.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,4,6,7,8-HpCDF
0.193 J 0.0285.0 pg/g 12/11/19 10:49 12/17/19 04:00 11,2,3,4,7,8,9-HpCDF
0.368 J q 0.0225.0 pg/g 12/11/19 10:49 12/17/19 04:00 1Total HpCDF

1.32 J 0.02410 pg/g 12/11/19 10:49 12/17/19 04:00 1OCDF

13C-2,3,7,8-TCDD 65 25 - 164 12/17/19 04:00 1

MB MB

Isotope Dilution

12/11/19 10:49

Dil FacPrepared AnalyzedQualifier Limits%Recovery

65 12/11/19 10:49 12/17/19 04:00 113C-1,2,3,7,8-PeCDD 25 - 181

67 12/11/19 10:49 12/17/19 04:00 113C-1,2,3,4,7,8-HxCDD 32 - 141

77 12/11/19 10:49 12/17/19 04:00 113C-1,2,3,6,7,8-HxCDD 28 - 130

70 12/11/19 10:49 12/17/19 04:00 113C-1,2,3,4,6,7,8-HpCDD 23 - 140

59 12/11/19 10:49 12/17/19 04:00 113C-OCDD 17 - 157

66 12/11/19 10:49 12/17/19 04:00 113C-2,3,7,8-TCDF 24 - 169

67 12/11/19 10:49 12/17/19 04:00 113C-1,2,3,7,8-PeCDF 24 - 185

66 12/11/19 10:49 12/17/19 04:00 113C-2,3,4,7,8-PeCDF 21 - 178

72 12/11/19 10:49 12/17/19 04:00 113C-1,2,3,4,7,8-HxCDF 26 - 152

73 12/11/19 10:49 12/17/19 04:00 113C-1,2,3,6,7,8-HxCDF 26 - 123

74 12/11/19 10:49 12/17/19 04:00 113C-2,3,4,6,7,8-HxCDF 28 - 136

71 12/11/19 10:49 12/17/19 04:00 113C-1,2,3,7,8,9-HxCDF 29 - 147

72 12/11/19 10:49 12/17/19 04:00 113C-1,2,3,4,6,7,8-HpCDF 28 - 143

64 12/11/19 10:49 12/17/19 04:00 113C-1,2,3,4,7,8,9-HpCDF 26 - 138

63 12/11/19 10:49 12/17/19 04:00 113C-OCDF 17 - 157

37Cl4-2,3,7,8-TCDD 76 35 - 197 12/17/19 04:00 1

MB MB

Surrogate

12/11/19 10:49

Dil FacPrepared AnalyzedQualifier Limits%Recovery
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QC Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 140-35991/21-A
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 36126 Prep Batch: 35991

2,3,7,8-TCDD 20.0 20.7 pg/g 104 67 - 158
Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2,3,7,8-PeCDD 100 104 pg/g 104 70 - 142
1,2,3,4,7,8-HxCDD 100 101 pg/g 101 70 - 164
1,2,3,6,7,8-HxCDD 100 104 pg/g 104 76 - 134
1,2,3,7,8,9-HxCDD 100 105 pg/g 105 64 - 162
1,2,3,4,6,7,8-HpCDD 100 94.4 pg/g 94 70 - 140
OCDD 200 187 pg/g 93 78 - 144
2,3,7,8-TCDF 20.0 21.5 pg/g 108 75 - 158
1,2,3,7,8-PeCDF 100 95.9 pg/g 96 80 - 134
2,3,4,7,8-PeCDF 100 102 pg/g 102 68 - 160
1,2,3,4,7,8-HxCDF 100 103 pg/g 103 72 - 134
1,2,3,6,7,8-HxCDF 100 98.4 pg/g 98 84 - 130
2,3,4,6,7,8-HxCDF 100 97.8 pg/g 98 70 - 156
1,2,3,7,8,9-HxCDF 100 101 pg/g 101 78 - 130
1,2,3,4,6,7,8-HpCDF 100 94.2 pg/g 94 82 - 122
1,2,3,4,7,8,9-HpCDF 100 104 pg/g 104 78 - 138
OCDF 200 165 pg/g 83 63 - 170

13C-2,3,7,8-TCDD 20 - 175

Isotope Dilution

65

LCS LCS

Qualifier Limits%Recovery

7013C-1,2,3,7,8-PeCDD 21 - 227

7013C-1,2,3,4,7,8-HxCDD 21 - 193

7813C-1,2,3,6,7,8-HxCDD 25 - 163

7913C-1,2,3,4,6,7,8-HpCDD 26 - 166

7013C-OCDD 13 - 199

6513C-2,3,7,8-TCDF 22 - 152

6913C-1,2,3,7,8-PeCDF 21 - 192

6913C-2,3,4,7,8-PeCDF 13 - 328

7013C-1,2,3,4,7,8-HxCDF 19 - 202

7313C-1,2,3,6,7,8-HxCDF 21 - 159

7613C-2,3,4,6,7,8-HxCDF 22 - 176

7613C-1,2,3,7,8,9-HxCDF 17 - 205

7813C-1,2,3,4,6,7,8-HpCDF 21 - 158

7313C-1,2,3,4,7,8,9-HpCDF 20 - 186

7613C-OCDF 13 - 199

37Cl4-2,3,7,8-TCDD 31 - 191

Surrogate

72

LCS LCS

Qualifier Limits%Recovery

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6)Lab Sample ID: 140-17578-12 MS
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 36166 Prep Batch: 35991

2,3,7,8-TCDD 2800 34.4 1180 4 pg/g -4587 67 - 158☼
Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

1,2,3,7,8-PeCDD 25 J 172 182 pg/g 91 70 - 142☼

1,2,3,4,7,8-HxCDD ND F2 F1 172 177 pg/g 103 70 - 164☼

1,2,3,6,7,8-HxCDD ND 172 158 pg/g 92 76 - 134☼
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QC Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6)Lab Sample ID: 140-17578-12 MS
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 36166 Prep Batch: 35991

1,2,3,7,8,9-HxCDD 4.0 J F2 172 171 pg/g 97 64 - 162☼
Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

1,2,3,4,6,7,8-HpCDD 75 J B 172 253 pg/g 104 70 - 140☼

OCDD 1300 B F1 344 2010 F1 pg/g 201 78 - 144☼

1,2,3,7,8-PeCDF 250 F1 172 278 F1 pg/g 14 80 - 134☼

2,3,4,7,8-PeCDF 170 F1 172 237 F1 pg/g 39 68 - 160☼

1,2,3,4,7,8-HxCDF 420 F1 172 320 F1 pg/g -56 72 - 134☼

1,2,3,6,7,8-HxCDF 110 F1 172 215 F1 pg/g 60 84 - 130☼

2,3,4,6,7,8-HxCDF 11 J 172 202 pg/g 111 70 - 156☼

1,2,3,7,8,9-HxCDF 7.3 J q 172 179 pg/g 100 78 - 130☼

1,2,3,4,6,7,8-HpCDF 100 F1 B 172 199 F1 pg/g 55 82 - 122☼

1,2,3,4,7,8,9-HpCDF 41 J B 172 198 pg/g 91 78 - 138☼

OCDF 46 J B 344 286 pg/g 70 63 - 170☼

13C-2,3,7,8-TCDD 25 - 164

Isotope Dilution

64

MS MS

Qualifier Limits%Recovery

6413C-1,2,3,7,8-PeCDD 25 - 181

7013C-1,2,3,4,7,8-HxCDD 32 - 141

7013C-1,2,3,6,7,8-HxCDD 28 - 130

6213C-1,2,3,4,6,7,8-HpCDD 23 - 140

5713C-OCDD 17 - 157

6013C-2,3,7,8-TCDF 24 - 169

5913C-1,2,3,7,8-PeCDF 24 - 185

6513C-2,3,4,7,8-PeCDF 21 - 178

6913C-1,2,3,4,7,8-HxCDF 26 - 152

6713C-1,2,3,6,7,8-HxCDF 26 - 123

5813C-2,3,4,6,7,8-HxCDF 28 - 136

6313C-1,2,3,7,8,9-HxCDF 29 - 147

6713C-1,2,3,4,6,7,8-HpCDF 28 - 143

5513C-1,2,3,4,7,8,9-HpCDF 26 - 138

6313C-OCDF 17 - 157

37Cl4-2,3,7,8-TCDD 35 - 197

Surrogate

82

MS MS

Qualifier Limits%Recovery

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6)Lab Sample ID: 140-17578-12 MS
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 36167 Prep Batch: 35991

2,3,7,8-TCDF 3900 34.4 1860 4 pg/g -5938 75 - 158☼
Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

13C-2,3,7,8-TCDF 24 - 169

Isotope Dilution

109

MS MS

Qualifier Limits%Recovery

Eurofins TestAmerica, Knoxville

Page 51 of 2476



QC Sample Results
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6)Lab Sample ID: 140-17578-12 MSD
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 36166 Prep Batch: 35991

2,3,7,8-TCDD 2800 32.6 1190 4 pg/g -4818 67 - 158 1 25☼
Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

1,2,3,7,8-PeCDD 25 J 163 203 pg/g 109 70 - 142 11 25☼

1,2,3,4,7,8-HxCDD ND F2 F1 163 163 pg/g 100 70 - 164 8 25☼

1,2,3,6,7,8-HxCDD ND 163 188 pg/g 116 76 - 134 17 25☼

1,2,3,7,8,9-HxCDD 4.0 J F2 163 176 pg/g 106 64 - 162 3 25☼

1,2,3,4,6,7,8-HpCDD 75 J B 163 271 pg/g 120 70 - 140 7 25☼

OCDD 1300 B F1 326 1790 4 pg/g 145 78 - 144 12 25☼

1,2,3,7,8-PeCDF 250 F1 163 273 F1 pg/g 12 80 - 134 2 25☼

2,3,4,7,8-PeCDF 170 F1 163 245 F1 pg/g 46 68 - 160 3 25☼

1,2,3,4,7,8-HxCDF 420 F1 163 337 F1 pg/g -49 72 - 134 5 25☼

1,2,3,6,7,8-HxCDF 110 F1 163 190 F1 pg/g 48 84 - 130 12 25☼

2,3,4,6,7,8-HxCDF 11 J 163 180 pg/g 104 70 - 156 11 25☼

1,2,3,7,8,9-HxCDF 7.3 J q 163 160 pg/g 94 78 - 130 11 25☼

1,2,3,4,6,7,8-HpCDF 100 F1 B 163 202 F1 pg/g 60 82 - 122 2 25☼

1,2,3,4,7,8,9-HpCDF 41 J B 163 220 pg/g 110 78 - 138 11 25☼

OCDF 46 J B 326 348 pg/g 93 63 - 170 20 25☼

13C-2,3,7,8-TCDD 25 - 164

Isotope Dilution

54

MSD MSD

Qualifier Limits%Recovery

5213C-1,2,3,7,8-PeCDD 25 - 181

7013C-1,2,3,4,7,8-HxCDD 32 - 141

6913C-1,2,3,6,7,8-HxCDD 28 - 130

6013C-1,2,3,4,6,7,8-HpCDD 23 - 140

6613C-OCDD 17 - 157

5913C-2,3,7,8-TCDF 24 - 169

5413C-1,2,3,7,8-PeCDF 24 - 185

5413C-2,3,4,7,8-PeCDF 21 - 178

62 q13C-1,2,3,4,7,8-HxCDF 26 - 152

7213C-1,2,3,6,7,8-HxCDF 26 - 123

6913C-2,3,4,6,7,8-HxCDF 28 - 136

7013C-1,2,3,7,8,9-HxCDF 29 - 147

63 q13C-1,2,3,4,6,7,8-HpCDF 28 - 143

5513C-1,2,3,4,7,8,9-HpCDF 26 - 138

5713C-OCDF 17 - 157

37Cl4-2,3,7,8-TCDD 35 - 197

Surrogate

78

MSD MSD

Qualifier Limits%Recovery

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6)Lab Sample ID: 140-17578-12 MSD
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 36167 Prep Batch: 35991

2,3,7,8-TCDF 3900 32.6 1950 4 pg/g -6013 75 - 158 4 25☼
Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

13C-2,3,7,8-TCDF 24 - 169

Isotope Dilution

88

MSD MSD

Qualifier Limits%Recovery
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QC Association Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Specialty Organics

Prep Batch: 35991

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment HRMS-Sox140-17578-1 11187072-120419-SS-SJSSA08(0-1) Total/NA
Sediment HRMS-Sox140-17578-2 11187072-120419-SS-SJSSA08(1-2) Total/NA
Sediment HRMS-Sox140-17578-3 11187072-120419-SS-SJSSA08(2-4) Total/NA
Sediment HRMS-Sox140-17578-4 11187072-120419-SS-SJSSA08(4-6) Total/NA
Sediment HRMS-Sox140-17578-5 11187072-120619-SS-SJSSA03(0-1) Total/NA
Sediment HRMS-Sox140-17578-6 11187072-120619-SS-SJSSA03(1-2) Total/NA
Sediment HRMS-Sox140-17578-7 11187072-120619-SS-SJSSA03(2-4) Total/NA
Sediment HRMS-Sox140-17578-8 11187072-120619-SS-SJSSA03(4-6) Total/NA
Sediment HRMS-Sox140-17578-9 11187072-120619-SS-SJSSA06(0-1) Total/NA
Sediment HRMS-Sox140-17578-10 11187072-120619-SS-SJSSA06(1-2) Total/NA
Sediment HRMS-Sox140-17578-11 11187072-120619-SS-SJSSA06(2-4) Total/NA
Sediment HRMS-Sox140-17578-12 11187072-120619-SS-SJSSA06(4-6) Total/NA
Sediment HRMS-Sox140-17578-13 11187072-120619-SS-DUP1 Total/NA
Sediment HRMS-Sox140-17578-14 11187072-120719-SS-SJSSA02(2-4) Total/NA
Sediment HRMS-Sox140-17578-15 11187072-120719-SS-SJSSA02(4-6) Total/NA
Sediment HRMS-Sox140-17578-16 11187072-120719-SS-SJSSA02(0-1) Total/NA
Sediment HRMS-Sox140-17578-17 11187072-120719-SS-SJSSA02(1-2) Total/NA
Sediment HRMS-SoxMB 140-35991/20-A Method Blank Total/NA
Sediment HRMS-SoxLCS 140-35991/21-A Lab Control Sample Total/NA
Sediment HRMS-Sox140-17578-12 MS 11187072-120619-SS-SJSSA06(4-6) Total/NA
Sediment HRMS-Sox140-17578-12 MSD 11187072-120619-SS-SJSSA06(4-6) Total/NA

Analysis Batch: 36126

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 35991140-17578-1 11187072-120419-SS-SJSSA08(0-1) Total/NA
Sediment 1613B 35991140-17578-2 11187072-120419-SS-SJSSA08(1-2) Total/NA
Sediment 1613B 35991140-17578-3 11187072-120419-SS-SJSSA08(2-4) Total/NA
Sediment 1613B 35991140-17578-4 11187072-120419-SS-SJSSA08(4-6) Total/NA
Sediment 1613B 35991140-17578-5 11187072-120619-SS-SJSSA03(0-1) Total/NA
Sediment 1613B 35991140-17578-6 11187072-120619-SS-SJSSA03(1-2) Total/NA
Sediment 1613B 35991140-17578-7 11187072-120619-SS-SJSSA03(2-4) Total/NA
Sediment 1613B 35991MB 140-35991/20-A Method Blank Total/NA
Sediment 1613B 35991LCS 140-35991/21-A Lab Control Sample Total/NA

Analysis Batch: 36146

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 35991140-17578-8 11187072-120619-SS-SJSSA03(4-6) Total/NA
Sediment 1613B 35991140-17578-9 11187072-120619-SS-SJSSA06(0-1) Total/NA
Sediment 1613B 35991140-17578-10 11187072-120619-SS-SJSSA06(1-2) Total/NA
Sediment 1613B 35991140-17578-11 11187072-120619-SS-SJSSA06(2-4) Total/NA

Analysis Batch: 36166

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 35991140-17578-12 11187072-120619-SS-SJSSA06(4-6) Total/NA
Sediment 1613B 35991140-17578-13 11187072-120619-SS-DUP1 Total/NA
Sediment 1613B 35991140-17578-14 11187072-120719-SS-SJSSA02(2-4) Total/NA
Sediment 1613B 35991140-17578-15 11187072-120719-SS-SJSSA02(4-6) Total/NA
Sediment 1613B 35991140-17578-16 11187072-120719-SS-SJSSA02(0-1) Total/NA
Sediment 1613B 35991140-17578-17 11187072-120719-SS-SJSSA02(1-2) Total/NA
Sediment 1613B 35991140-17578-12 MS 11187072-120619-SS-SJSSA06(4-6) Total/NA
Sediment 1613B 35991140-17578-12 MSD 11187072-120619-SS-SJSSA06(4-6) Total/NA
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QC Association Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Specialty Organics

Analysis Batch: 36167

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 35991140-17578-1 11187072-120419-SS-SJSSA08(0-1) Total/NA
Sediment 1613B 35991140-17578-2 11187072-120419-SS-SJSSA08(1-2) Total/NA
Sediment 1613B 35991140-17578-3 11187072-120419-SS-SJSSA08(2-4) Total/NA
Sediment 1613B 35991140-17578-4 11187072-120419-SS-SJSSA08(4-6) Total/NA
Sediment 1613B 35991140-17578-5 11187072-120619-SS-SJSSA03(0-1) Total/NA
Sediment 1613B 35991140-17578-6 11187072-120619-SS-SJSSA03(1-2) Total/NA
Sediment 1613B 35991140-17578-8 11187072-120619-SS-SJSSA03(4-6) Total/NA
Sediment 1613B 35991140-17578-9 11187072-120619-SS-SJSSA06(0-1) Total/NA
Sediment 1613B 35991140-17578-10 11187072-120619-SS-SJSSA06(1-2) Total/NA
Sediment 1613B 35991140-17578-11 11187072-120619-SS-SJSSA06(2-4) Total/NA
Sediment 1613B 35991140-17578-12 11187072-120619-SS-SJSSA06(4-6) Total/NA
Sediment 1613B 35991140-17578-12 MS 11187072-120619-SS-SJSSA06(4-6) Total/NA
Sediment 1613B 35991140-17578-12 MSD 11187072-120619-SS-SJSSA06(4-6) Total/NA

Analysis Batch: 36178

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 35991140-17578-13 11187072-120619-SS-DUP1 Total/NA
Sediment 1613B 35991140-17578-14 11187072-120719-SS-SJSSA02(2-4) Total/NA
Sediment 1613B 35991140-17578-15 11187072-120719-SS-SJSSA02(4-6) Total/NA
Sediment 1613B 35991140-17578-16 11187072-120719-SS-SJSSA02(0-1) Total/NA
Sediment 1613B 35991140-17578-17 11187072-120719-SS-SJSSA02(1-2) Total/NA

General Chemistry

Analysis Batch: 36008

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment Moisture140-17578-1 11187072-120419-SS-SJSSA08(0-1) Total/NA
Sediment Moisture140-17578-2 11187072-120419-SS-SJSSA08(1-2) Total/NA
Sediment Moisture140-17578-3 11187072-120419-SS-SJSSA08(2-4) Total/NA
Sediment Moisture140-17578-4 11187072-120419-SS-SJSSA08(4-6) Total/NA
Sediment Moisture140-17578-5 11187072-120619-SS-SJSSA03(0-1) Total/NA
Sediment Moisture140-17578-6 11187072-120619-SS-SJSSA03(1-2) Total/NA
Sediment Moisture140-17578-7 11187072-120619-SS-SJSSA03(2-4) Total/NA
Sediment Moisture140-17578-8 11187072-120619-SS-SJSSA03(4-6) Total/NA
Sediment Moisture140-17578-9 11187072-120619-SS-SJSSA06(0-1) Total/NA
Sediment Moisture140-17578-10 11187072-120619-SS-SJSSA06(1-2) Total/NA
Sediment Moisture140-17578-11 11187072-120619-SS-SJSSA06(2-4) Total/NA
Sediment Moisture140-17578-12 11187072-120619-SS-SJSSA06(4-6) Total/NA
Sediment Moisture140-17578-13 11187072-120619-SS-DUP1 Total/NA
Sediment Moisture140-17578-14 11187072-120719-SS-SJSSA02(2-4) Total/NA
Sediment Moisture140-17578-15 11187072-120719-SS-SJSSA02(4-6) Total/NA
Sediment Moisture140-17578-16 11187072-120719-SS-SJSSA02(0-1) Total/NA
Sediment Moisture140-17578-17 11187072-120719-SS-SJSSA02(1-2) Total/NA
Sediment Moisture140-17578-1 DU 11187072-120419-SS-SJSSA08(0-1) Total/NA
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Lab Chronicle
Client: GHD Services Inc. Job ID: 140-17578-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120419-SS-SJSSA08(0-1) Lab Sample ID: 140-17578-1
Matrix: SedimentDate Collected: 12/04/19 15:30

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120419-SS-SJSSA08(0-1) Lab Sample ID: 140-17578-1
Matrix: SedimentDate Collected: 12/04/19 15:30

Percent Solids: 76.3Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.06 g 20 uL
Analysis 1613B 1 36167 12/18/19 03:24 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 10.06 g 20 uL
Analysis 1613B 1 36126 12/17/19 05:02 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120419-SS-SJSSA08(1-2) Lab Sample ID: 140-17578-2
Matrix: SedimentDate Collected: 12/04/19 15:35

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120419-SS-SJSSA08(1-2) Lab Sample ID: 140-17578-2
Matrix: SedimentDate Collected: 12/04/19 15:35

Percent Solids: 67.5Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.10 g 20 uL
Analysis 1613B 1 36167 12/18/19 04:33 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 10.10 g 20 uL
Analysis 1613B 1 36126 12/17/19 06:03 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120419-SS-SJSSA08(2-4) Lab Sample ID: 140-17578-3
Matrix: SedimentDate Collected: 12/04/19 15:40

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP
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Lab Chronicle
Client: GHD Services Inc. Job ID: 140-17578-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120419-SS-SJSSA08(2-4) Lab Sample ID: 140-17578-3
Matrix: SedimentDate Collected: 12/04/19 15:40

Percent Solids: 57.7Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 9.76 g 20 uL
Analysis 1613B 1 36167 12/18/19 06:19 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 9.76 g 20 uL
Analysis 1613B 1 36126 12/17/19 07:04 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120419-SS-SJSSA08(4-6) Lab Sample ID: 140-17578-4
Matrix: SedimentDate Collected: 12/04/19 15:45

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120419-SS-SJSSA08(4-6) Lab Sample ID: 140-17578-4
Matrix: SedimentDate Collected: 12/04/19 15:45

Percent Solids: 70.1Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.10 g 20 uL
Analysis 1613B 1 36167 12/18/19 05:44 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 10.10 g 20 uL
Analysis 1613B 1 36126 12/17/19 08:05 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120619-SS-SJSSA03(0-1) Lab Sample ID: 140-17578-5
Matrix: SedimentDate Collected: 12/06/19 12:20

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120619-SS-SJSSA03(0-1) Lab Sample ID: 140-17578-5
Matrix: SedimentDate Collected: 12/06/19 12:20

Percent Solids: 62.3Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 9.83 g 20 uL
Analysis 1613B 1 36167 12/18/19 05:08 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 9.83 g 20 uL
Analysis 1613B 1 36126 12/17/19 09:06 PMP TAL KNXTotal/NA

D2AInstrument ID:
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Lab Chronicle
Client: GHD Services Inc. Job ID: 140-17578-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA03(1-2) Lab Sample ID: 140-17578-6
Matrix: SedimentDate Collected: 12/06/19 12:25

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120619-SS-SJSSA03(1-2) Lab Sample ID: 140-17578-6
Matrix: SedimentDate Collected: 12/06/19 12:25

Percent Solids: 71.8Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 9.95 g 20 uL
Analysis 1613B 1 36167 12/18/19 03:58 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 9.95 g 20 uL
Analysis 1613B 1 36126 12/17/19 10:07 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120619-SS-SJSSA03(2-4) Lab Sample ID: 140-17578-7
Matrix: SedimentDate Collected: 12/06/19 12:30

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120619-SS-SJSSA03(2-4) Lab Sample ID: 140-17578-7
Matrix: SedimentDate Collected: 12/06/19 12:30

Percent Solids: 76.6Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.15 g 20 uL
Analysis 1613B 1 36126 12/17/19 11:08 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120619-SS-SJSSA03(4-6) Lab Sample ID: 140-17578-8
Matrix: SedimentDate Collected: 12/06/19 12:35

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Eurofins TestAmerica, Knoxville
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Lab Chronicle
Client: GHD Services Inc. Job ID: 140-17578-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA03(4-6) Lab Sample ID: 140-17578-8
Matrix: SedimentDate Collected: 12/06/19 12:35

Percent Solids: 67.8Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.16 g 20 uL
Analysis 1613B 1 36167 12/18/19 06:55 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 10.16 g 20 uL
Analysis 1613B 1 36146 12/17/19 15:32 MSD TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120619-SS-SJSSA06(0-1) Lab Sample ID: 140-17578-9
Matrix: SedimentDate Collected: 12/06/19 15:20

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120619-SS-SJSSA06(0-1) Lab Sample ID: 140-17578-9
Matrix: SedimentDate Collected: 12/06/19 15:20

Percent Solids: 83.6Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.37 g 20 uL
Analysis 1613B 1 36167 12/18/19 07:30 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 10.37 g 20 uL
Analysis 1613B 1 36146 12/17/19 16:33 MSD TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120619-SS-SJSSA06(1-2) Lab Sample ID: 140-17578-10
Matrix: SedimentDate Collected: 12/06/19 15:25

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120619-SS-SJSSA06(1-2) Lab Sample ID: 140-17578-10
Matrix: SedimentDate Collected: 12/06/19 15:25

Percent Solids: 89.6Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.19 g 20 uL
Analysis 1613B 1 36167 12/18/19 08:05 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 10.19 g 20 uL
Analysis 1613B 1 36146 12/17/19 17:34 MSD TAL KNXTotal/NA

D2AInstrument ID:
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Lab Chronicle
Client: GHD Services Inc. Job ID: 140-17578-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-SJSSA06(2-4) Lab Sample ID: 140-17578-11
Matrix: SedimentDate Collected: 12/06/19 15:30

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120619-SS-SJSSA06(2-4) Lab Sample ID: 140-17578-11
Matrix: SedimentDate Collected: 12/06/19 15:30

Percent Solids: 82.5Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.31 g 20 uL
Analysis 1613B 1 36167 12/18/19 08:41 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 10.31 g 20 uL
Analysis 1613B 1 36146 12/17/19 18:35 MSD TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6) Lab Sample ID: 140-17578-12
Matrix: SedimentDate Collected: 12/06/19 15:35

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6) Lab Sample ID: 140-17578-12
Matrix: SedimentDate Collected: 12/06/19 15:35

Percent Solids: 60.9Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 9.90 g 20 uL
Analysis 1613B 15 36167 12/18/19 09:16 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 9.90 g 20 uL
Analysis 1613B 10 36166 12/18/19 08:03 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120619-SS-DUP1 Lab Sample ID: 140-17578-13
Matrix: SedimentDate Collected: 12/06/19 00:00

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Eurofins TestAmerica, Knoxville
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Lab Chronicle
Client: GHD Services Inc. Job ID: 140-17578-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120619-SS-DUP1 Lab Sample ID: 140-17578-13
Matrix: SedimentDate Collected: 12/06/19 00:00

Percent Solids: 55.0Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 9.84 g 20 uL
Analysis 1613B 5 36178 12/18/19 19:48 MSD TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 9.84 g 20 uL
Analysis 1613B 1 36166 12/18/19 02:58 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120719-SS-SJSSA02(2-4) Lab Sample ID: 140-17578-14
Matrix: SedimentDate Collected: 12/07/19 12:00

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120719-SS-SJSSA02(2-4) Lab Sample ID: 140-17578-14
Matrix: SedimentDate Collected: 12/07/19 12:00

Percent Solids: 76.0Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.27 g 20 uL
Analysis 1613B 1 36178 12/18/19 15:25 MSD TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 10.27 g 20 uL
Analysis 1613B 1 36166 12/18/19 03:59 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120719-SS-SJSSA02(4-6) Lab Sample ID: 140-17578-15
Matrix: SedimentDate Collected: 12/07/19 12:05

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120719-SS-SJSSA02(4-6) Lab Sample ID: 140-17578-15
Matrix: SedimentDate Collected: 12/07/19 12:05

Percent Solids: 79.7Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.13 g 20 uL
Analysis 1613B 1 36178 12/18/19 13:39 MSD TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 10.13 g 20 uL
Analysis 1613B 1 36166 12/18/19 05:00 PMP TAL KNXTotal/NA

D2AInstrument ID:

Eurofins TestAmerica, Knoxville

Page 60 of 2476



Lab Chronicle
Client: GHD Services Inc. Job ID: 140-17578-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA02(0-1) Lab Sample ID: 140-17578-16
Matrix: SedimentDate Collected: 12/07/19 11:50

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120719-SS-SJSSA02(0-1) Lab Sample ID: 140-17578-16
Matrix: SedimentDate Collected: 12/07/19 11:50

Percent Solids: 71.2Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 9.89 g 20 uL
Analysis 1613B 1 36178 12/18/19 14:14 MSD TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 9.89 g 20 uL
Analysis 1613B 1 36166 12/18/19 06:01 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120719-SS-SJSSA02(1-2) Lab Sample ID: 140-17578-17
Matrix: SedimentDate Collected: 12/07/19 11:55

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Client Sample ID: 11187072-120719-SS-SJSSA02(1-2) Lab Sample ID: 140-17578-17
Matrix: SedimentDate Collected: 12/07/19 11:55

Percent Solids: 75.2Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 9.55 g 20 uL
Analysis 1613B 1 36178 12/18/19 14:50 MSD TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 9.55 g 20 uL
Analysis 1613B 1 36166 12/18/19 07:02 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: Method Blank Lab Sample ID: MB 140-35991/20-A
Matrix: SedimentDate Collected: N/A

Date Received: N/A

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10 g 20 uL
Analysis 1613B 1 36126 12/17/19 04:00 PMP TAL KNXTotal/NA

D2AInstrument ID:

Eurofins TestAmerica, Knoxville
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Lab Chronicle
Client: GHD Services Inc. Job ID: 140-17578-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: Lab Control Sample Lab Sample ID: LCS 140-35991/21-A
Matrix: SedimentDate Collected: N/A

Date Received: N/A

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10 g 20 uL
Analysis 1613B 1 36126 12/17/19 02:04 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6) Lab Sample ID: 140-17578-12 MS
Matrix: SedimentDate Collected: 12/06/19 15:35

Percent Solids: 60.9Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 9.54 g 20 uL
Analysis 1613B 15 36167 12/18/19 09:52 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 9.54 g 20 uL
Analysis 1613B 10 36166 12/18/19 09:05 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120619-SS-SJSSA06(4-6) Lab Sample ID: 140-17578-12 MSD
Matrix: SedimentDate Collected: 12/06/19 15:35

Percent Solids: 60.9Date Received: 12/10/19 10:00

Prep HRMS-Sox SSS12/11/19 10:49 TAL KNX35991
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 10.08 g 20 uL
Analysis 1613B 15 36167 12/18/19 10:27 LKM TAL KNXTotal/NA

D12CInstrument ID:

Prep HRMS-Sox 35991 12/11/19 10:49 SSS TAL KNXTotal/NA 10.08 g 20 uL
Analysis 1613B 10 36166 12/18/19 10:06 PMP TAL KNXTotal/NA

D2AInstrument ID:

Client Sample ID: 11187072-120419-SS-SJSSA08(0-1) Lab Sample ID: 140-17578-1 DU
Matrix: SedimentDate Collected: 12/04/19 15:30

Date Received: 12/10/19 10:00

Analysis Moisture BKD12/11/19 15:111 TAL KNX36008
Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA
Instrument ID: NOEQUIP

Laboratory References:

TAL KNX = Eurofins TestAmerica, Knoxville, 5815 Middlebrook Pike, Knoxville, TN 37921, TEL (865)291-3000

Eurofins TestAmerica, Knoxville
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Accreditation/Certification Summary
Client: GHD Services Inc. Job ID: 140-17578-1
Project/Site: San Jacinto River Waste Pits Superfund

Laboratory: Eurofins TestAmerica, Knoxville
Unless otherwise noted, all analytes for this laboratory were covered under each accreditation/certification below.

Authority Program Identification Number Expiration Date

Texas T104704380-16-9NELAP 08-31-20

The following analytes are included in this report, but the laboratory is not certified by the governing authority.  This list may include analytes for which 
the agency does not offer certification.  
Analysis Method Prep Method Matrix Analyte
1613B HRMS-Sox Sediment 1,2,3,4,6,7,8-HpCDD
1613B HRMS-Sox Sediment 1,2,3,4,6,7,8-HpCDF
1613B HRMS-Sox Sediment 1,2,3,4,7,8,9-HpCDF
1613B HRMS-Sox Sediment 1,2,3,4,7,8-HxCDD
1613B HRMS-Sox Sediment 1,2,3,4,7,8-HxCDF
1613B HRMS-Sox Sediment 1,2,3,6,7,8-HxCDD
1613B HRMS-Sox Sediment 1,2,3,6,7,8-HxCDF
1613B HRMS-Sox Sediment 1,2,3,7,8,9-HxCDD
1613B HRMS-Sox Sediment 1,2,3,7,8,9-HxCDF
1613B HRMS-Sox Sediment 1,2,3,7,8-PeCDD
1613B HRMS-Sox Sediment 1,2,3,7,8-PeCDF
1613B HRMS-Sox Sediment 2,3,4,6,7,8-HxCDF
1613B HRMS-Sox Sediment 2,3,4,7,8-PeCDF
1613B HRMS-Sox Sediment 2,3,7,8-TCDD
1613B HRMS-Sox Sediment 2,3,7,8-TCDF
1613B HRMS-Sox Sediment OCDD
1613B HRMS-Sox Sediment OCDF
1613B HRMS-Sox Sediment Total HpCDD
1613B HRMS-Sox Sediment Total HpCDF
1613B HRMS-Sox Sediment Total HxCDD
1613B HRMS-Sox Sediment Total HxCDF
1613B HRMS-Sox Sediment Total PeCDD
1613B HRMS-Sox Sediment Total PeCDF
1613B HRMS-Sox Sediment Total TCDD
1613B HRMS-Sox Sediment Total TCDF
Moisture Sediment Percent Moisture
Moisture Sediment Percent Solids

Laboratory: Eurofins TestAmerica, Pittsburgh
The accreditations/certifications listed below are applicable to this report.

Authority Program Identification Number Expiration Date

Texas T104704528-15-2NELAP 03-31-20

Eurofins TestAmerica, Knoxville
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Method Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method Method Description LaboratoryProtocol

40CFR136A1613B Dioxins and Furans (HRGC/HRMS) TAL KNX
TAL SOPTEQ Total TEQ Calculation TAL KNX
EPAMoisture Percent Moisture TAL KNX
EPAHRMS-Sox Soxhlet Extraction TAL KNX

Protocol References:

40CFR136A = "Methods for Organic Chemical Analysis of Municipal Industrial Wastewater", 40CFR, Part 136, Appendix A,  October 26, 1984 and 
subsequent revisions.
EPA = US Environmental Protection Agency
TAL SOP = TestAmerica Laboratories, Standard Operating Procedure

Laboratory References:

TAL KNX = Eurofins TestAmerica, Knoxville, 5815 Middlebrook Pike, Knoxville, TN 37921, TEL (865)291-3000

Eurofins TestAmerica, Knoxville

Page 64 of 2476



Sample Summary
Job ID: 140-17578-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID Client Sample ID ReceivedCollectedMatrix Asset ID

140-17578-1 11187072-120419-SS-SJSSA08(0-1) Sediment 12/04/19 15:30 12/10/19 10:00
140-17578-2 11187072-120419-SS-SJSSA08(1-2) Sediment 12/04/19 15:35 12/10/19 10:00
140-17578-3 11187072-120419-SS-SJSSA08(2-4) Sediment 12/04/19 15:40 12/10/19 10:00
140-17578-4 11187072-120419-SS-SJSSA08(4-6) Sediment 12/04/19 15:45 12/10/19 10:00
140-17578-5 11187072-120619-SS-SJSSA03(0-1) Sediment 12/06/19 12:20 12/10/19 10:00
140-17578-6 11187072-120619-SS-SJSSA03(1-2) Sediment 12/06/19 12:25 12/10/19 10:00
140-17578-7 11187072-120619-SS-SJSSA03(2-4) Sediment 12/06/19 12:30 12/10/19 10:00
140-17578-8 11187072-120619-SS-SJSSA03(4-6) Sediment 12/06/19 12:35 12/10/19 10:00
140-17578-9 11187072-120619-SS-SJSSA06(0-1) Sediment 12/06/19 15:20 12/10/19 10:00
140-17578-10 11187072-120619-SS-SJSSA06(1-2) Sediment 12/06/19 15:25 12/10/19 10:00
140-17578-11 11187072-120619-SS-SJSSA06(2-4) Sediment 12/06/19 15:30 12/10/19 10:00
140-17578-12 11187072-120619-SS-SJSSA06(4-6) Sediment 12/06/19 15:35 12/10/19 10:00
140-17578-13 11187072-120619-SS-DUP1 Sediment 12/06/19 00:00 12/10/19 10:00
140-17578-14 11187072-120719-SS-SJSSA02(2-4) Sediment 12/07/19 12:00 12/10/19 10:00
140-17578-15 11187072-120719-SS-SJSSA02(4-6) Sediment 12/07/19 12:05 12/10/19 10:00
140-17578-16 11187072-120719-SS-SJSSA02(0-1) Sediment 12/07/19 11:50 12/10/19 10:00
140-17578-17 11187072-120719-SS-SJSSA02(1-2) Sediment 12/07/19 11:55 12/10/19 10:00

Eurofins TestAmerica, Knoxville
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D12C 29777

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

CPS 140-29777/1

d2190503w1.d05/03/19 01:30 GC Column: DB 225 ID: 0.25(mm)

13C-2,3,7,8-TCDF Peak assignment corrected mcwhirter
l

05/03/19 02:3724.34

2,3,7,8-TCDF Peak assignment corrected mcwhirter
l

05/03/19 02:3724.37

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

IC 140-29777/4

icl1_190503024318.d05/03/19 02:43 GC Column: DB 225 ID: 0.25(mm)

13C-2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 09:0621.39
37Cl4-2,3,7,8-TCDD Split Peak reynoldk 05/03/19 09:4621.42
2,3,7,8-TCDD Split Peak reynoldk 05/03/19 09:0921.44
13C-2,3,7,8-TCDF Peak assignment corrected reynoldk 05/03/19 09:0724.32

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

IC 140-29777/6

icl2_190503033522.d05/03/19 03:35 GC Column: DB 225 ID: 0.25(mm)

13C-2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 09:0921.39
2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 09:1121.42
37Cl4-2,3,7,8-TCDD Split Peak reynoldk 05/03/19 10:2621.42
13C-2,3,7,8-TCDF Peak assignment corrected reynoldk 05/03/19 09:1124.31
2,3,7,8-TCDF Split Peak reynoldk 05/03/19 09:3024.35

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D12C 29777

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

IC 140-29777/8

icl3_190503042827.d05/03/19 04:28 GC Column: DB 225 ID: 0.25(mm)

13C-2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 09:1321.39
2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 09:1321.42
13C-2,3,7,8-TCDF Peak assignment corrected reynoldk 05/03/19 09:1324.31
2,3,7,8-TCDF Baseline reynoldk 05/03/19 10:2824.36

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

IC 140-29777/10

icl4_190503052133.d05/03/19 05:21 GC Column: DB 225 ID: 0.25(mm)

13C-2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 09:1521.38
2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 09:1621.41
13C-2,3,7,8-TCDF Peak assignment corrected reynoldk 05/03/19 09:1524.30
2,3,7,8-TCDF Peak assignment corrected reynoldk 05/03/19 09:1624.34

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

IC 140-29777/12

icl5_190503061437.d05/03/19 06:14 GC Column: DB 225 ID: 0.25(mm)

13C-2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 09:1621.35
2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 09:1721.38
13C-2,3,7,8-TCDF Peak assignment corrected reynoldk 05/03/19 09:1624.27
2,3,7,8-TCDF Baseline reynoldk 05/03/19 09:3324.31

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D12C 29777

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

ICV 140-29777/17

icv_190503124322.d05/03/19 12:43 GC Column: DB 225 ID: 0.25(mm)

13C-2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 13:2021.36
2,3,7,8-TCDD Peak assignment corrected reynoldk 05/03/19 13:2021.38
13C-2,3,7,8-TCDF Peak assignment corrected reynoldk 05/03/19 13:2024.27
2,3,7,8-TCDF Peak assignment corrected reynoldk 05/03/19 13:2024.32

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D12C 36167

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

CPS 140-36167/1

d2191218w1.d12/18/19 00:58 GC Column: DB225 ID: 0.32(mm)

13C-2,3,7,8-TCDF Peak assignment corrected mcwhirter
l

12/18/19 02:0222.18

2,3,7,8-TCDF Peak assignment corrected mcwhirter
l

12/18/19 02:0222.21

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-1 11187072-120419-SS-SJSSA08(0-1)

140-17578-a-1-a.d12/18/19 03:24 GC Column: DB225 ID: 0.32(mm)

2,3,7,8-TCDF Invalid Compound ID mcwhirter
l

12/18/19 04:1722.23

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-6 11187072-120619-SS-SJSSA03(1-2)

140-17578-a-6-a.d12/18/19 03:58 GC Column: DB225 ID: 0.32(mm)

13C-2,3,7,8-TCDF Peak assignment corrected davidsonm 12/18/19 09:0422.21
2,3,7,8-TCDF Split Peak davidsonm 12/18/19 09:0422.23

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-5 11187072-120619-SS-SJSSA03(0-1)

140-17578-A-5-Aa.d12/18/19 05:08 GC Column: DB225 ID: 0.32(mm)

13C-2,3,7,8-TCDF Peak assignment corrected davidsonm 12/18/19 09:0522.22

1613B

Page 69 of 2476



Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D12C 36167

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-12 11187072-120619-SS-SJSSA06(4-6)

140-17578-a-12-a.d12/18/19 09:16 GC Column: DB225 ID: 0.32(mm)

2,3,7,8-TCDF Baseline davidsonm 12/18/19 10:0522.20

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-12 MSD 11187072-120619-SS-SJSSA06(4-6) MSD

140-17578-a-12-cmsd.d12/18/19 10:27 GC Column: DB225 ID: 0.32(mm)

13C-2,3,7,8-TCDF Baseline davidsonm 12/18/19 11:1022.18

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D12C 36178

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-15 11187072-120719-SS-SJSSA02(4-6)

140-17578-a-15-a.d12/18/19 13:39 GC Column: DB225 ID: 0.32(mm)

13C-2,3,7,8-TCDF Peak assignment corrected davidsonm 12/18/19 15:0522.16

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-16 11187072-120719-SS-SJSSA02(0-1)

140-17578-a-16-a.d12/18/19 14:14 GC Column: DB225 ID: 0.32(mm)

13C-2,3,7,8-TCDF Peak assignment corrected davidsonm 12/18/19 15:0622.18
2,3,7,8-TCDF Split Peak davidsonm 12/18/19 15:0622.20

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-17 11187072-120719-SS-SJSSA02(1-2)

140-17578-a-17-a.d12/18/19 14:50 GC Column: DB225 ID: 0.32(mm)

2,3,7,8-TCDF Baseline davidsonm 12/18/19 15:4722.17

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-14 11187072-120719-SS-SJSSA02(2-4)

140-17578-a-14-a.d12/18/19 15:25 GC Column: DB225 ID: 0.32(mm)

2,3,7,8-TCDF Invalid Compound ID mcwhirter
l

12/18/19 20:4522.21
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 7768

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

IC 140-7768/2

d3140516i1.d05/16/14 14:26 GC Column: RTX-5 ID: 0.32(mm)

2,3,7,8-TCDF Baseline davidsonm 01/11/17 16:1129.76
2,3,7,8-TCDD Baseline davidsonm 01/11/17 16:1131.87
1,2,3,7,8-PeCDD Shouldering davidsonm 01/11/17 16:1141.02
1,2,3,7,8,9-HxCDD Shouldering davidsonm 01/11/17 16:1145.76
1,2,3,7,8,9-HxCDF Shouldering davidsonm 01/11/17 16:1146.03
OCDD Shouldering davidsonm 01/11/17 16:1154.30
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36126

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

MB 140-35991/20-A

mb140-3599120-a.d12/17/19 04:00 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,4,6,7,8-HpCDF Baseline parslyt 12/17/19 05:1647.94
1,2,3,4,6,7,8-HpCDD Split Peak parslyt 12/17/19 05:1649.63
1,2,3,4,7,8,9-HpCDF Baseline parslyt 12/17/19 05:1750.27
OCDD Split Peak parslyt 12/17/19 05:1753.87
OCDF Split Peak parslyt 12/17/19 05:1854.01

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-1 11187072-120419-SS-SJSSA08(0-1)

140-17578-a-1-a.d12/17/19 05:02 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,7,8-PeCDF Split Peak davidsonm 12/17/19 10:0538.78
1,2,3,7,8-PeCDD Incomplete Integration davidsonm 12/17/19 10:0540.54
1,2,3,6,7,8-HxCDF Split Peak davidsonm 12/17/19 10:0743.93
1,2,3,7,8,9-HxCDD Split Peak davidsonm 12/17/19 10:0645.33

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-2 11187072-120419-SS-SJSSA08(1-2)

140-17578-a-2-a.d12/17/19 06:03 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,7,8-PeCDF Split Peak davidsonm 12/17/19 10:1238.78
1,2,3,7,8-PeCDD Incomplete Integration davidsonm 12/17/19 10:1140.57
1,2,3,6,7,8-HxCDF Split Peak davidsonm 12/17/19 10:1343.93
2,3,4,6,7,8-HxCDF Split Peak davidsonm 12/17/19 10:1344.64
1,2,3,4,6,7,8-HpCDF Split Peak davidsonm 12/17/19 10:1447.94
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36126

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-3 11187072-120419-SS-SJSSA08(2-4)

140-17578-a-3-a.d12/17/19 07:04 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,7,8-PeCDF Split Peak davidsonm 12/17/19 10:1938.77
1,2,3,7,8-PeCDD Incomplete Integration davidsonm 12/17/19 10:1740.58
1,2,3,4,7,8-HxCDF Split Peak davidsonm 12/17/19 10:2143.79
1,2,3,6,7,8-HxCDF Split Peak davidsonm 12/17/19 10:2143.92
2,3,4,6,7,8-HxCDF Split Peak davidsonm 12/17/19 10:2144.65
1,2,3,7,8,9-HxCDF Incomplete Integration davidsonm 12/17/19 10:2245.58
1,2,3,4,7,8,9-HpCDF Split Peak davidsonm 12/17/19 10:2350.28

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-4 11187072-120419-SS-SJSSA08(4-6)

140-17578-a-4-a.d12/17/19 08:05 GC Column: RTX-5 ID: 0.32(mm)

2,3,7,8-TCDD Peak assignment corrected davidsonm 12/17/19 11:4030.83
1,2,3,7,8-PeCDF Split Peak davidsonm 12/17/19 11:4638.78
1,2,3,4,7,8-HxCDF Split Peak davidsonm 12/17/19 11:4743.82
1,2,3,4,7,8-HxCDD Split Peak davidsonm 12/17/19 11:4744.83
1,2,3,6,7,8-HxCDD Split Peak davidsonm 12/17/19 11:4744.95
1,2,3,7,8,9-HxCDD Split Peak davidsonm 12/17/19 11:4745.32
OCDF Split Peak davidsonm 12/17/19 11:4854.01
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36126

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-5 11187072-120619-SS-SJSSA03(0-1)

140-17578-a-5-a.d12/17/19 09:06 GC Column: RTX-5 ID: 0.32(mm)

2,3,7,8-TCDD Peak assignment corrected davidsonm 12/17/19 11:5830.79
1,2,3,7,8-PeCDF Split Peak davidsonm 12/17/19 12:0338.74
1,2,3,7,8-PeCDD Incomplete Integration davidsonm 12/17/19 12:0140.55
2,3,4,6,7,8-HxCDF Split Peak davidsonm 12/17/19 12:0444.62
1,2,3,4,7,8-HxCDD Split Peak davidsonm 12/17/19 12:0444.81
1,2,3,6,7,8-HxCDD Split Peak davidsonm 12/17/19 12:0444.92
1,2,3,7,8,9-HxCDD Split Peak davidsonm 12/17/19 12:0445.30
1,2,3,7,8,9-HxCDF Split Peak davidsonm 12/17/19 12:0545.60
1,2,3,4,6,7,8-HpCDF Split Peak davidsonm 12/17/19 12:0647.93
1,2,3,4,7,8,9-HpCDF Split Peak davidsonm 12/17/19 12:0650.28
OCDF Split Peak davidsonm 12/17/19 12:0653.99

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-6 11187072-120619-SS-SJSSA03(1-2)

140-17578-a-6-a.d12/17/19 10:07 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,6,7,8-HxCDF Invalid Compound ID davidsonm 12/17/19 12:39
1,2,3,7,8-PeCDF Split Peak davidsonm 12/17/19 12:1138.75
2,3,4,7,8-PeCDF Incomplete Integration davidsonm 12/17/19 12:1239.98
1,2,3,4,7,8-HxCDD Split Peak davidsonm 12/17/19 12:1544.80
1,2,3,6,7,8-HxCDD Split Peak davidsonm 12/17/19 12:1544.92
1,2,3,7,8,9-HxCDD Split Peak davidsonm 12/17/19 12:1545.27
1,2,3,4,6,7,8-HpCDF Split Peak davidsonm 12/17/19 12:3947.91
1,2,3,4,7,8,9-HpCDF Split Peak davidsonm 12/17/19 12:4050.23
OCDF Split Peak davidsonm 12/17/19 12:0753.97
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36126

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-7 11187072-120619-SS-SJSSA03(2-4)

140-17578-a-7-a.d12/17/19 11:08 GC Column: RTX-5 ID: 0.32(mm)

2,3,7,8-TCDF Incomplete Integration davidsonm 12/17/19 12:4328.84
2,3,7,8-TCDD Incomplete Integration davidsonm 12/17/19 12:4230.76
1,2,3,7,8-PeCDD Incomplete Integration davidsonm 12/17/19 12:4540.54
13C-1,2,3,4,7,8-HxCDD Split Peak davidsonm 12/17/19 12:4844.78
1,2,3,6,7,8-HxCDD Invalid Compound ID davidsonm 12/17/19 12:4844.91
13C-1,2,3,6,7,8-HxCDD Invalid Compound ID davidsonm 12/17/19 12:4844.91
1,2,3,4,6,7,8-HpCDF Split Peak davidsonm 12/17/19 12:4947.92
OCDF Split Peak davidsonm 12/17/19 12:5053.98
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36146

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

WDMCCV 140-36146/1

d3191217s2.d12/17/19 12:34 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,7,8,9-HxCDF Split Peak davidsonm 12/17/19 13:3745.59

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-8 11187072-120619-SS-SJSSA03(4-6)

140-17578-a-8-a.d12/17/19 15:32 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,7,8-PeCDF Split Peak parslyt 12/18/19 03:2538.73
1,2,3,7,8-PeCDD Baseline parslyt 12/18/19 03:2140.56
2,3,4,6,7,8-HxCDF Split Peak parslyt 12/18/19 03:3044.63
1,2,3,7,8,9-HxCDD Split Peak parslyt 12/18/19 03:2845.29
1,2,3,4,6,7,8-HpCDF Split Peak parslyt 12/18/19 03:3347.92
1,2,3,4,7,8,9-HpCDF Split Peak parslyt 12/18/19 03:3450.26
OCDD Split Peak parslyt 12/18/19 03:3553.84
OCDF Split Peak parslyt 12/18/19 03:3553.98
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36146

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-9 11187072-120619-SS-SJSSA06(0-1)

140-17578-a-9-a.d12/17/19 16:33 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,7,8-PeCDF Split Peak parslyt 12/18/19 03:3938.74
1,2,3,7,8-PeCDD Split Peak parslyt 12/18/19 03:3840.54
1,2,3,4,7,8-HxCDF Split Peak parslyt 12/18/19 03:4143.78
1,2,3,6,7,8-HxCDF Split Peak parslyt 12/18/19 03:4143.90
2,3,4,6,7,8-HxCDF Split Peak parslyt 12/18/19 03:4144.63
1,2,3,7,8,9-HxCDF Split Peak parslyt 12/18/19 03:4345.57
1,2,3,4,6,7,8-HpCDF Split Peak parslyt 12/18/19 03:4547.93
1,2,3,4,7,8,9-HpCDF Split Peak parslyt 12/18/19 03:4650.27
OCDD Split Peak parslyt 12/18/19 03:4853.84
OCDF Split Peak parslyt 12/18/19 03:4853.98

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-10 11187072-120619-SS-SJSSA06(1-2)

140-17578-a-10-a.d12/17/19 17:34 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,7,8-PeCDF Split Peak parslyt 12/18/19 04:0038.73
1,2,3,7,8-PeCDD Split Peak parslyt 12/18/19 03:5840.54
1,2,3,4,7,8-HxCDF Baseline parslyt 12/18/19 04:0643.77
1,2,3,6,7,8-HxCDF Split Peak parslyt 12/18/19 04:0443.90
2,3,4,6,7,8-HxCDF Split Peak parslyt 12/18/19 04:0444.63
13C-1,2,3,4,7,8-HxCDD Split Peak parslyt 12/18/19 04:0244.78
13C-1,2,3,6,7,8-HxCDD Invalid Compound ID parslyt 12/18/19 04:0244.90
1,2,3,6,7,8-HxCDD Invalid Compound ID parslyt 12/18/19 04:0244.92
1,2,3,7,8,9-HxCDF Baseline parslyt 12/18/19 04:0545.58
OCDD Split Peak parslyt 12/18/19 04:0953.84
OCDF Split Peak parslyt 12/18/19 04:0953.98
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36146

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-11 11187072-120619-SS-SJSSA06(2-4)

140-17578-a-11-a.d12/17/19 18:35 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,7,8-PeCDF Split Peak parslyt 12/18/19 04:1538.74
1,2,3,6,7,8-HxCDF Split Peak parslyt 12/18/19 04:1643.89
1,2,3,7,8,9-HxCDF Split Peak parslyt 12/18/19 04:1645.55
1,2,3,4,7,8,9-HpCDF Baseline parslyt 12/18/19 04:2150.25
OCDD Split Peak parslyt 12/18/19 04:2253.83
OCDF Split Peak parslyt 12/18/19 04:2253.97
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36166

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

WDMCCV 140-36166/1

d3191217s3.d12/18/19 00:01 GC Column: RTX-5 ID: 0.32(mm)

2,3,7,8-TCDD Peak assignment corrected parslyt 12/18/19 01:0230.81

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-13 11187072-120619-SS-DUP1

140-17578-a-13-a.d12/18/19 02:58 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,7,8-PeCDF Split Peak davidsonm 12/18/19 07:5738.80
1,2,3,7,8-PeCDD Split Peak davidsonm 12/18/19 07:5640.60
1,2,3,6,7,8-HxCDF Split Peak davidsonm 12/18/19 07:5843.94
2,3,4,6,7,8-HxCDF Split Peak davidsonm 12/18/19 07:5844.67
1,2,3,7,8,9-HxCDD Split Peak davidsonm 12/18/19 07:5745.34
1,2,3,4,6,7,8-HpCDD Split Peak davidsonm 12/18/19 07:5949.64
1,2,3,4,7,8,9-HpCDF Split Peak davidsonm 12/18/19 07:5950.30
OCDF Split Peak davidsonm 12/18/19 08:0054.02

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-14 11187072-120719-SS-SJSSA02(2-4)

140-17578-a-14-a.d12/18/19 03:59 GC Column: RTX-5 ID: 0.32(mm)

2,3,7,8-TCDD Incomplete Integration davidsonm 12/18/19 08:2630.88
1,2,3,7,8-PeCDF Split Peak davidsonm 12/18/19 08:3038.79
2,3,4,7,8-PeCDF Baseline davidsonm 12/18/19 08:3040.05
1,2,3,6,7,8-HxCDF Split Peak davidsonm 12/18/19 08:3343.94
1,2,3,4,7,8-HxCDD Split Peak davidsonm 12/18/19 08:3244.84
1,2,3,6,7,8-HxCDD Split Peak davidsonm 12/18/19 08:3244.96
1,2,3,7,8,9-HxCDD Split Peak davidsonm 12/18/19 08:3345.31
1,2,3,4,7,8,9-HpCDF Split Peak davidsonm 12/18/19 08:3350.30
OCDF Baseline davidsonm 12/18/19 08:3454.02
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36166

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-15 11187072-120719-SS-SJSSA02(4-6)

140-17578-a-15-a.d12/18/19 05:00 GC Column: RTX-5 ID: 0.32(mm)

2,3,7,8-TCDF Incomplete Integration davidsonm 12/18/19 07:3328.84
2,3,4,7,8-PeCDF Baseline davidsonm 12/18/19 08:4040.04
1,2,3,4,7,8-HxCDF Split Peak davidsonm 12/18/19 08:4143.78
1,2,3,6,7,8-HxCDF Invalid Compound ID davidsonm 12/18/19 08:4143.92
1,2,3,4,7,8-HxCDD Split Peak davidsonm 12/18/19 08:4044.83
1,2,3,6,7,8-HxCDD Split Peak davidsonm 12/18/19 08:4044.93
1,2,3,7,8,9-HxCDD Split Peak davidsonm 12/18/19 08:4145.30
1,2,3,4,6,7,8-HpCDF Split Peak davidsonm 12/18/19 08:4247.94
OCDF Split Peak davidsonm 12/18/19 08:4354.00

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-16 11187072-120719-SS-SJSSA02(0-1)

140-17578-a-16-a.d12/18/19 06:01 GC Column: RTX-5 ID: 0.32(mm)

2,3,7,8-TCDF Incomplete Integration davidsonm 12/18/19 07:3428.83
2,3,7,8-TCDD Incomplete Integration davidsonm 12/18/19 08:4430.87
1,2,3,4,7,8,9-HpCDF Split Peak davidsonm 12/18/19 08:4850.27
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36166

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-17 11187072-120719-SS-SJSSA02(1-2)

140-17578-a-17-a.d12/18/19 07:02 GC Column: RTX-5 ID: 0.32(mm)

1,2,3,7,8,9-HxCDF Invalid Compound ID davidsonm 12/18/19 08:55
2,3,7,8-TCDF Baseline davidsonm 12/18/19 08:5128.88
2,3,7,8-TCDD Invalid Compound ID davidsonm 12/18/19 08:4930.92
1,2,3,7,8-PeCDD Split Peak davidsonm 12/18/19 08:5340.58
1,2,3,6,7,8-HxCDF Split Peak davidsonm 12/18/19 08:5543.94
1,2,3,4,7,8-HxCDD Split Peak davidsonm 12/18/19 08:5444.83
1,2,3,6,7,8-HxCDD Split Peak davidsonm 12/18/19 08:5444.99
1,2,3,7,8,9-HxCDD Baseline davidsonm 12/18/19 08:5445.32
1,2,3,4,6,7,8-HpCDF Incomplete Integration davidsonm 12/18/19 08:5647.96
OCDF Split Peak davidsonm 12/18/19 08:5654.02

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-12 11187072-120619-SS-SJSSA06(4-6)

140-17578-a-12-aa.d12/18/19 08:03 GC Column: RTX-5 ID: 0.32(mm)

2,3,7,8-TCDF Incomplete Integration davidsonm 12/18/19 09:0928.87
2,3,7,8-TCDD Peak assignment corrected davidsonm 12/18/19 09:0730.89
1,2,3,7,8-PeCDF Split Peak davidsonm 12/18/19 09:0938.80
1,2,3,6,7,8-HxCDF Split Peak davidsonm 12/18/19 09:1043.95
2,3,4,6,7,8-HxCDF Split Peak davidsonm 12/18/19 09:1144.67
1,2,3,7,8,9-HxCDD Split Peak davidsonm 12/18/19 09:1045.32
1,2,3,7,8,9-HxCDF Incomplete Integration davidsonm 12/18/19 09:1145.60
13C-1,2,3,4,6,7,8-HpCDD Baseline davidsonm 12/18/19 09:1349.63
1,2,3,4,7,8,9-HpCDF Baseline davidsonm 12/18/19 09:1450.30
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36166

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-12 MS 11187072-120619-SS-SJSSA06(4-6) MS

140-17578-a-12-bmsa.d12/18/19 09:05 GC Column: RTX-5 ID: 0.32(mm)

13C-2,3,7,8-TCDD Split Peak davidsonm 12/18/19 10:1130.81
13C-1,2,3,7,8-PeCDF Baseline davidsonm 12/18/19 10:1238.76
13C-2,3,4,7,8-PeCDF Baseline davidsonm 12/18/19 10:1240.01
13C-1,2,3,4,7,8-HxCDF Invalid Compound ID davidsonm 12/18/19 10:1543.78
1,2,3,4,7,8-HxCDF Invalid Compound ID davidsonm 12/18/19 10:1543.80
13C-1,2,3,6,7,8-HxCDF Split Peak davidsonm 12/18/19 10:1543.90
13C-2,3,4,6,7,8-HxCDF Baseline davidsonm 12/18/19 10:1544.63
13C-1,2,3,4,7,8-HxCDD Invalid Compound ID davidsonm 12/18/19 12:0644.81
13C-1,2,3,6,7,8-HxCDD Invalid Compound ID davidsonm 12/18/19 10:1344.91
13C-1,2,3,7,8,9-HxCDF Invalid Compound ID davidsonm 12/18/19 10:1645.56
1,2,3,7,8,9-HxCDF Invalid Compound ID davidsonm 12/18/19 10:1645.59
13C-1,2,3,4,6,7,8-HpCDF Baseline davidsonm 12/18/19 10:1747.94
1,2,3,4,6,7,8-HpCDD Split Peak davidsonm 12/18/19 10:1749.62
13C-1,2,3,4,7,8,9-HpCDF Split Peak davidsonm 12/18/19 10:1850.26
1,2,3,4,7,8,9-HpCDF Split Peak davidsonm 12/18/19 10:1850.27
13C-OCDD Baseline davidsonm 12/18/19 10:1953.84

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Knoxville 140-17578-1

Instrument ID: Analysis Batch Number:D2A 36166

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

140-17578-12 MSD 11187072-120619-SS-SJSSA06(4-6) MSD

140-17578-a-12-cmsda.d12/18/19 10:06 GC Column: RTX-5 ID: 0.32(mm)

13C-2,3,7,8-TCDF Split Peak davidsonm 12/18/19 11:1128.77
13C-1,2,3,7,8-PeCDD Baseline davidsonm 12/18/19 11:1140.54
13C-1,2,3,4,7,8-HxCDF Invalid Compound ID davidsonm 12/18/19 11:1243.77
13C-1,2,3,6,7,8-HxCDF Invalid Compound ID davidsonm 12/18/19 11:1243.90
13C-2,3,4,6,7,8-HxCDF Baseline davidsonm 12/18/19 11:1344.63
13C-1,2,3,7,8,9-HxCDF Invalid Compound ID davidsonm 12/18/19 11:1345.56
1,2,3,7,8,9-HxCDF Invalid Compound ID davidsonm 12/18/19 11:1345.57
13C-1,2,3,4,6,7,8-HpCDF Baseline davidsonm 12/18/19 11:1447.92
13C-1,2,3,4,7,8,9-HpCDF Split Peak davidsonm 12/18/19 11:1450.26
1,2,3,4,7,8,9-HpCDF Invalid Compound ID davidsonm 12/18/19 11:1550.27
13C-OCDD Split Peak davidsonm 12/18/19 11:1553.84

1613B
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 140-17578-1Eurofins TestAmerica, Knoxville

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

07/31/25 09/03/19 200 mL 10XXDFCL37INP_00001 0.02 mL 37Cl4-2,3,7,8-TCDD 0.2 ng/mL10CSDFCL37CUP_00044 Hexane, Lot 221330
07/31/25 09/28/16 3 mL 10INDFCL37P_00001 0.12 mL 37Cl4-2,3,7,8-TCDD 2000 ng/mL.10XXDFCL37INP_00001 Nonane, Lot SHBH0333V
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCambridge Isotope, Lot ER05211501..10INDFCL37P_00001

10MXDFC13ISP_00027 13C-1,2,3,4,6,7,8-HpCDD 1 ng/mL100 mL 1 mL08/31/22 10/28/1910IDDFC13WRKP_00073 ACETONE, Lot 234648
13C-1,2,3,4,6,7,8-HpCDF 1 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 1 ng/mL
13C-1,2,3,4,7,8-HxCDD 1 ng/mL
13C-1,2,3,4,7,8-HxCDF 1 ng/mL
13C-1,2,3,6,7,8-HxCDD 1 ng/mL
13C-1,2,3,6,7,8-HxCDF 1 ng/mL
13C-1,2,3,7,8,9-HxCDF 1 ng/mL
13C-1,2,3,7,8-PeCDD 1 ng/mL
13C-1,2,3,7,8-PeCDF 1 ng/mL
13C-2,3,4,6,7,8-HxCDF 1 ng/mL
13C-2,3,4,7,8-PeCDF 1 ng/mL
13C-2,3,7,8-TCDD 1 ng/mL
13C-2,3,7,8-TCDF 1 ng/mL
13C-OCDD 2 ng/mL

10XX13COCDFP_00001 0.02 mL 13C-OCDF 2 ng/mL
10/01/22 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLCIL, Lot ER082812-01.10MXDFC13ISP_00027

13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL

08/31/22 10/20/16 5 mL 10INC13OCDFP_00001 1 mL 13C-OCDF 10 ug/mL.10XX13COCDFP_00001 Nonane, Lot SHBH0333V
08/31/22 (Purchased Reagent) 13C-OCDF 50 ug/mLCambridge Isotope, Lot ER080812-01..10INC13OCDFP_00001

10XXDFRSINTP_00001 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL10 mL 0.2 mL06/30/20 09/03/1910RSDFWRKP_00037 Nonane, Lot SHBK4119
13C-1,2,3,4-TCDD 0.1 ug/mL

10INDFHXCDRSP_00001 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL06/30/20 01/30/17.10XXDFRSINTP_00001 Nonane, Lot SHBH0333V
10INDFTCDDRSP_00001 1 mL 13C-1,2,3,4-TCDD 5 ug/mL

09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCambridge Isotope, Lot ER08221601..10INDFHXCDRSP_00001
06/30/20 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCambridge Isotope, Lot ER060710-01..10INDFTCDDRSP_00001

10XXDFNATP_00008 1,2,3,4,6,7,8-HpCDD 1 ng/mL100 mL 0.5 mL05/01/26 10/14/1910SPDFNATSPKP_00030 ACETONE, Lot 236139
1,2,3,4,6,7,8-HpCDF 1 ng/mL
1,2,3,4,7,8,9-HpCDF 1 ng/mL
1,2,3,4,7,8-HxCDD 1 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 140-17578-1Eurofins TestAmerica, Knoxville

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

1,2,3,4,7,8-HxCDF 1 ng/mL
1,2,3,6,7,8-HxCDD 1 ng/mL
1,2,3,6,7,8-HxCDF 1 ng/mL
1,2,3,7,8,9-HxCDD 1 ng/mL
1,2,3,7,8,9-HxCDF 1 ng/mL
1,2,3,7,8-PeCDD 1 ng/mL
1,2,3,7,8-PeCDF 1 ng/mL
2,3,4,6,7,8-HxCDF 1 ng/mL
2,3,4,7,8-PeCDF 1 ng/mL
2,3,7,8-TCDD 0.2 ng/mL
2,3,7,8-TCDF 0.2 ng/mL
OCDD 2 ng/mL
OCDF 2 ng/mL

10MXDFNATP_00002 1,2,3,4,6,7,8-HpCDD 200 ng/mL3 mL 0.3 mL05/01/26 04/16/19.10XXDFNATP_00008 Nonane, Lot SHBK4119
1,2,3,4,6,7,8-HpCDF 200 ng/mL
1,2,3,4,7,8,9-HpCDF 200 ng/mL
1,2,3,4,7,8-HxCDD 200 ng/mL
1,2,3,4,7,8-HxCDF 200 ng/mL
1,2,3,6,7,8-HxCDD 200 ng/mL
1,2,3,6,7,8-HxCDF 200 ng/mL
1,2,3,7,8,9-HxCDD 200 ng/mL
1,2,3,7,8,9-HxCDF 200 ng/mL
1,2,3,7,8-PeCDD 200 ng/mL
1,2,3,7,8-PeCDF 200 ng/mL
2,3,4,6,7,8-HxCDF 200 ng/mL
2,3,4,7,8-PeCDF 200 ng/mL
2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
OCDD 400 ng/mL
OCDF 400 ng/mL

05/01/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2000 ng/mLCambridge Isotope, Lot ER02241602..10MXDFNATP_00002
1,2,3,4,6,7,8-HpCDF 2000 ng/mL
1,2,3,4,7,8,9-HpCDF 2000 ng/mL
1,2,3,4,7,8-HxCDD 2000 ng/mL
1,2,3,4,7,8-HxCDF 2000 ng/mL
1,2,3,6,7,8-HxCDD 2000 ng/mL
1,2,3,6,7,8-HxCDF 2000 ng/mL
1,2,3,7,8,9-HxCDD 2000 ng/mL
1,2,3,7,8,9-HxCDF 2000 ng/mL
1,2,3,7,8-PeCDD 2000 ng/mL
1,2,3,7,8-PeCDF 2000 ng/mL
2,3,4,6,7,8-HxCDF 2000 ng/mL
2,3,4,7,8-PeCDF 2000 ng/mL
2,3,7,8-TCDD 400 ng/mL
2,3,7,8-TCDF 400 ng/mL
OCDD 4000 ng/mL
OCDF 4000 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 140-17578-1Eurofins TestAmerica, Knoxville

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

61CV1613S_00001 1,2,3,4,6,7,8-HpCDD 50 ng/mL1 mL 1000 uL04/01/20 04/08/1561CV1613OS_00005 Nonane, Lot 13CS30114
1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mL
OCDD 100 ng/mL
OCDF 100 ng/mL

61XX13COCDFP_00001 20 uL 13C-OCDF 200 ng/mL
04/01/20 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 50 ng/mLWELLINGTON, Lot 13CS30114.61CV1613S_00001

1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 140-17578-1Eurofins TestAmerica, Knoxville

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mL
OCDD 100 ng/mL
OCDF 100 ng/mL

06/01/21 11/10/15 5 mL 61INC13OCDFP_00001 1 mL 13C-OCDF 10 ug/mL.61XX13COCDFP_00001 Nonane, Lot SHBC8566V
06/01/21 (Purchased Reagent) 13C-OCDF 50 ug/mLCerriliant, Lot ER062011-01..61INC13OCDFP_00001

61IDWDMTCDF_00003 13C-2,3,7,8-TCDF 10 ng/mL5 mL 0.1 mL10/01/21 03/28/1761IDWDWRKTCDF_00002 Nonane, Lot SHBH0333V
2,3,7,8-TCDF 10 ng/mL

10INC13TCDFP_00001 13C-2,3,7,8-TCDF 500 ng/mL10 mL 0.1 mL10/31/21 03/28/17.61IDWDMTCDF_00003 Nonane, Lot SHBH0333V
61IN2378TCDFP_00002 0.1 mL 2,3,7,8-TCDF 500 ng/mL

06/30/24 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCambridge Isotope, Lot ER12101304..10INC13TCDFP_00001
10/31/21 (Purchased Reagent) 2,3,7,8-TCDF 50 ug/mLCERILLIANT, Lot ER101211-02..61IN2378TCDFP_00002

61L11613P_00001 1,2,3,4,6,7,8-HpCDD 2.5 ng/mL0.2 mL 200 uL11/10/16 11/09/1561L11613OP_00001 Nonane, Lot 
ER031611-01A

1,2,3,4,6,7,8-HpCDF 2.5 ng/mL
1,2,3,4,7,8,9-HpCDF 2.5 ng/mL
1,2,3,4,7,8-HxCDD 2.5 ng/mL
1,2,3,4,7,8-HxCDF 2.5 ng/mL
1,2,3,6,7,8-HxCDD 2.5 ng/mL
1,2,3,6,7,8-HxCDF 2.5 ng/mL
1,2,3,7,8,9-HxCDD 2.5 ng/mL
1,2,3,7,8,9-HxCDF 2.5 ng/mL
1,2,3,7,8-PeCDD 2.5 ng/mL
1,2,3,7,8-PeCDF 2.5 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
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SDG No.:

Job No.: 140-17578-1Eurofins TestAmerica, Knoxville
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Exp
Date Date

Prep Dilutant
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Reagent
Final
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Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

13C-1,2,3,7,8,9-HxCDD 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 2.5 ng/mL
2,3,4,7,8-PeCDF 2.5 ng/mL
2,3,7,8-TCDD 0.5 ng/mL
2,3,7,8-TCDF 0.5 ng/mL
37Cl4-2,3,7,8-TCDD 0.5 ng/mL
OCDD 5 ng/mL
OCDF 5 ng/mL

61XX13COCDFP_00001 4 uL 13C-OCDF 200 ng/mL
03/01/21 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2.5 ng/mLCERILLIANT, Lot ER031611-01A.61L11613P_00001

1,2,3,4,6,7,8-HpCDF 2.5 ng/mL
1,2,3,4,7,8,9-HpCDF 2.5 ng/mL
1,2,3,4,7,8-HxCDD 2.5 ng/mL
1,2,3,4,7,8-HxCDF 2.5 ng/mL
1,2,3,6,7,8-HxCDD 2.5 ng/mL
1,2,3,6,7,8-HxCDF 2.5 ng/mL
1,2,3,7,8,9-HxCDD 2.5 ng/mL
1,2,3,7,8,9-HxCDF 2.5 ng/mL
1,2,3,7,8-PeCDD 2.5 ng/mL
1,2,3,7,8-PeCDF 2.5 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 2.5 ng/mL
2,3,4,7,8-PeCDF 2.5 ng/mL
2,3,7,8-TCDD 0.5 ng/mL
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2,3,7,8-TCDF 0.5 ng/mL
37Cl4-2,3,7,8-TCDD 0.5 ng/mL
OCDD 5 ng/mL
OCDF 5 ng/mL

06/01/21 11/10/15 5 mL 61INC13OCDFP_00001 1 mL 13C-OCDF 10 ug/mL.61XX13COCDFP_00001 Nonane, Lot SHBC8566V
06/01/21 (Purchased Reagent) 13C-OCDF 50 ug/mLCerriliant, Lot ER062011-01..61INC13OCDFP_00001

61L11613P_00001 13C-1,2,3,4-TCDD 100 ng/mL0.2 mL 200 uL03/01/21 11/09/1561L11613OP_00002 Nonane, Lot 
ER031611-01A

13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
2,3,7,8-TCDD 0.5 ng/mL
2,3,7,8-TCDF 0.5 ng/mL
37Cl4-2,3,7,8-TCDD 0.5 ng/mL

03/01/21 (Purchased Reagent) 13C-1,2,3,4-TCDD 100 ng/mLCERILLIANT, Lot ER031611-01A.61L11613P_00001
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
2,3,7,8-TCDD 0.5 ng/mL
2,3,7,8-TCDF 0.5 ng/mL
37Cl4-2,3,7,8-TCDD 0.5 ng/mL

61L21613P_00001 1,2,3,4,6,7,8-HpCDD 10 ng/mL0.2 mL 200 uL03/01/21 11/09/1561L21613OP_00001 Nonane, Lot 
ER031611-01B

1,2,3,4,6,7,8-HpCDF 10 ng/mL
1,2,3,4,7,8,9-HpCDF 10 ng/mL
1,2,3,4,7,8-HxCDD 10 ng/mL
1,2,3,4,7,8-HxCDF 10 ng/mL
1,2,3,6,7,8-HxCDD 10 ng/mL
1,2,3,6,7,8-HxCDF 10 ng/mL
1,2,3,7,8,9-HxCDD 10 ng/mL
1,2,3,7,8,9-HxCDF 10 ng/mL
1,2,3,7,8-PeCDD 10 ng/mL
1,2,3,7,8-PeCDF 10 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
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Reagent ID
Volume
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13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 10 ng/mL
2,3,4,7,8-PeCDF 10 ng/mL
2,3,7,8-TCDD 2 ng/mL
2,3,7,8-TCDF 2 ng/mL
37Cl4-2,3,7,8-TCDD 2 ng/mL
OCDD 20 ng/mL
OCDF 20 ng/mL

61XX13COCDFP_00001 4 uL 13C-OCDF 200 ng/mL
03/01/21 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 10 ng/mLCERILLIANT, Lot ER031611-01B.61L21613P_00001

1,2,3,4,6,7,8-HpCDF 10 ng/mL
1,2,3,4,7,8,9-HpCDF 10 ng/mL
1,2,3,4,7,8-HxCDD 10 ng/mL
1,2,3,4,7,8-HxCDF 10 ng/mL
1,2,3,6,7,8-HxCDD 10 ng/mL
1,2,3,6,7,8-HxCDF 10 ng/mL
1,2,3,7,8,9-HxCDD 10 ng/mL
1,2,3,7,8,9-HxCDF 10 ng/mL
1,2,3,7,8-PeCDD 10 ng/mL
1,2,3,7,8-PeCDF 10 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 10 ng/mL
2,3,4,7,8-PeCDF 10 ng/mL
2,3,7,8-TCDD 2 ng/mL
2,3,7,8-TCDF 2 ng/mL
37Cl4-2,3,7,8-TCDD 2 ng/mL
OCDD 20 ng/mL
OCDF 20 ng/mL

06/01/21 11/10/15 5 mL 61INC13OCDFP_00001 1 mL 13C-OCDF 10 ug/mL.61XX13COCDFP_00001 Nonane, Lot SHBC8566V
06/01/21 (Purchased Reagent) 13C-OCDF 50 ug/mLCerriliant, Lot ER062011-01..61INC13OCDFP_00001

61L31613P_00001 1,2,3,4,6,7,8-HpCDD 50 ng/mL0.2 mL 200 uL03/01/21 11/09/1561L31613OP_00001 Nonane, Lot 
ER031611-01C
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1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mL
OCDD 100 ng/mL
OCDF 100 ng/mL

61XX13COCDFP_00001 4 uL 13C-OCDF 200 ng/mL
03/01/21 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 50 ng/mLCERILLIANT, Lot ER031611-01C.61L31613P_00001

1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
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13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mL
OCDD 100 ng/mL
OCDF 100 ng/mL

06/01/21 11/10/15 5 mL 61INC13OCDFP_00001 1 mL 13C-OCDF 10 ug/mL.61XX13COCDFP_00001 Nonane, Lot SHBC8566V
06/01/21 (Purchased Reagent) 13C-OCDF 50 ug/mLCerriliant, Lot ER062011-01..61INC13OCDFP_00001

61L31613P_00005 13C-1,2,3,4-TCDD 100 ng/mL0.2 mL 200 uL01/31/21 10/05/1661L31613OP_00006 Nonane, Lot ER011711-01
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mL

01/31/21 (Purchased Reagent) 13C-1,2,3,4-TCDD 100 ng/mLCERILLIANT, Lot ER011711-01.61L31613P_00005
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mL

61L41613P_00001 1,2,3,4,6,7,8-HpCDD 200 ng/mL0.2 mL 200 uL03/01/21 11/09/1561L41613OP_00001 Nonane, Lot 
ER031611-01D

1,2,3,4,6,7,8-HpCDF 200 ng/mL
1,2,3,4,7,8,9-HpCDF 200 ng/mL
1,2,3,4,7,8-HxCDD 200 ng/mL
1,2,3,4,7,8-HxCDF 200 ng/mL
1,2,3,6,7,8-HxCDD 200 ng/mL
1,2,3,6,7,8-HxCDF 200 ng/mL
1,2,3,7,8,9-HxCDD 200 ng/mL
1,2,3,7,8,9-HxCDF 200 ng/mL
1,2,3,7,8-PeCDD 200 ng/mL
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1,2,3,7,8-PeCDF 200 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 200 ng/mL
2,3,4,7,8-PeCDF 200 ng/mL
2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
37Cl4-2,3,7,8-TCDD 40 ng/mL
OCDD 400 ng/mL
OCDF 400 ng/mL

61XX13COCDFP_00001 4 uL 13C-OCDF 200 ng/mL
03/01/21 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 200 ng/mLCERILLIANT, Lot ER031611-01D.61L41613P_00001

1,2,3,4,6,7,8-HpCDF 200 ng/mL
1,2,3,4,7,8,9-HpCDF 200 ng/mL
1,2,3,4,7,8-HxCDD 200 ng/mL
1,2,3,4,7,8-HxCDF 200 ng/mL
1,2,3,6,7,8-HxCDD 200 ng/mL
1,2,3,6,7,8-HxCDF 200 ng/mL
1,2,3,7,8,9-HxCDD 200 ng/mL
1,2,3,7,8,9-HxCDF 200 ng/mL
1,2,3,7,8-PeCDD 200 ng/mL
1,2,3,7,8-PeCDF 200 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
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13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 200 ng/mL
2,3,4,7,8-PeCDF 200 ng/mL
2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
37Cl4-2,3,7,8-TCDD 40 ng/mL
OCDD 400 ng/mL
OCDF 400 ng/mL

06/01/21 11/10/15 5 mL 61INC13OCDFP_00001 1 mL 13C-OCDF 10 ug/mL.61XX13COCDFP_00001 Nonane, Lot SHBC8566V
06/01/21 (Purchased Reagent) 13C-OCDF 50 ug/mLCerriliant, Lot ER062011-01..61INC13OCDFP_00001

60MXDXNSCRN_00002 13C-1,2,3,4-TCDD 100 ng/mL0.05 mL 50 uL10/16/20 05/01/1961L41613OP_00002 Nonane, Lot 
ER031611-01D

13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
37Cl4-2,3,7,8-TCDD 40 ng/mL

10/16/20 (Purchased Reagent) 13C-1,2,3,4-TCDD 100 ng/mLCIL, Lot ER031611-01D.60MXDXNSCRN_00002
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
37Cl4-2,3,7,8-TCDD 40 ng/mL

61L51613P_00001 1,2,3,4,6,7,8-HpCDD 1000 ng/mL0.2 mL 200 uL03/01/21 11/09/1561L51613OP_00001 Nonane, Lot 
ER031611-01E

1,2,3,4,6,7,8-HpCDF 1000 ng/mL
1,2,3,4,7,8,9-HpCDF 1000 ng/mL
1,2,3,4,7,8-HxCDD 1000 ng/mL
1,2,3,4,7,8-HxCDF 1000 ng/mL
1,2,3,6,7,8-HxCDD 1000 ng/mL
1,2,3,6,7,8-HxCDF 1000 ng/mL
1,2,3,7,8,9-HxCDD 1000 ng/mL
1,2,3,7,8,9-HxCDF 1000 ng/mL
1,2,3,7,8-PeCDD 1000 ng/mL
1,2,3,7,8-PeCDF 1000 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
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13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 1000 ng/mL
2,3,4,7,8-PeCDF 1000 ng/mL
2,3,7,8-TCDD 200 ng/mL
2,3,7,8-TCDF 200 ng/mL
37Cl4-2,3,7,8-TCDD 200 ng/mL
OCDD 2000 ng/mL
OCDF 2000 ng/mL

61XX13COCDFP_00001 4 uL 13C-OCDF 200 ng/mL
03/01/21 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 1000 ng/mLCERILLIANT, Lot ER031611-01E.61L51613P_00001

1,2,3,4,6,7,8-HpCDF 1000 ng/mL
1,2,3,4,7,8,9-HpCDF 1000 ng/mL
1,2,3,4,7,8-HxCDD 1000 ng/mL
1,2,3,4,7,8-HxCDF 1000 ng/mL
1,2,3,6,7,8-HxCDD 1000 ng/mL
1,2,3,6,7,8-HxCDF 1000 ng/mL
1,2,3,7,8,9-HxCDD 1000 ng/mL
1,2,3,7,8,9-HxCDF 1000 ng/mL
1,2,3,7,8-PeCDD 1000 ng/mL
1,2,3,7,8-PeCDF 1000 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 1000 ng/mL
2,3,4,7,8-PeCDF 1000 ng/mL
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2,3,7,8-TCDD 200 ng/mL
2,3,7,8-TCDF 200 ng/mL
37Cl4-2,3,7,8-TCDD 200 ng/mL
OCDD 2000 ng/mL
OCDF 2000 ng/mL

06/01/21 11/10/15 5 mL 61INC13OCDFP_00001 1 mL 13C-OCDF 10 ug/mL.61XX13COCDFP_00001 Nonane, Lot SHBC8566V
06/01/21 (Purchased Reagent) 13C-OCDF 50 ug/mLCerriliant, Lot ER062011-01..61INC13OCDFP_00001

61WDML3P_00001 1,2,3,4,6,7,8-HpCDD 50 ng/mL0.2 mL 200 uL01/31/21 08/22/1661WDML3OP_00001 Nonane, Lot 
ER031611-01C

1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mL
OCDD 100 ng/mL
OCDF 100 ng/mL

61XX13COCDFP_00001 4 uL 13C-OCDF 200 ng/mL
01/31/21 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 50 ng/mLCERILLIANT, Lot ER011711-01.61WDML3P_00001

1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 140-17578-1Eurofins TestAmerica, Knoxville

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mL
OCDD 100 ng/mL
OCDF 100 ng/mL

06/01/21 11/10/15 5 mL 61INC13OCDFP_00001 1 mL 13C-OCDF 10 ug/mL.61XX13COCDFP_00001 Nonane, Lot SHBC8566V
06/01/21 (Purchased Reagent) 13C-OCDF 50 ug/mLCerriliant, Lot ER062011-01..61INC13OCDFP_00001

61WDML3P_F/L_00013 1,2,3,4,6,7,8-HpCDD 50 ng/mL0.2 mL 200 uL01/31/21 11/22/1961WDML3OP_F/L_00070 Nonane, Lot SHBJ6527
1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 140-17578-1Eurofins TestAmerica, Knoxville

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mL
OCDD 100 ng/mL
OCDF 100 ng/mL

61XX13COCDFP_00001 4 uL 13C-OCDF 200 ng/mL
01/31/21 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 50 ng/mLCERILLIANT, Lot ER011711-01.61WDML3P_F/L_00013

1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-OCDD 200 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mL
OCDD 100 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 140-17578-1Eurofins TestAmerica, Knoxville

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

OCDF 100 ng/mL
06/01/21 11/10/15 5 mL 61INC13OCDFP_00001 1 mL 13C-OCDF 10 ug/mL.61XX13COCDFP_00001 Nonane, Lot SHBC8566V
06/01/21 (Purchased Reagent) 13C-OCDF 50 ug/mLCerriliant, Lot ER062011-01..61INC13OCDFP_00001
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Reagent

10INC13OCDFP_00001
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Revision 01 
Page 1 of 5 

• ;,R;.•  ;: 
Cerilhantti i 

ISO GUIDE 34 

ISO/IEC 17025 

ISO 13485 

Iso 9001 

GMP/GLP 

CI 

Cl 

CI CI 

Catalog Number: 
Solution Lot: 
Expiration Date: 
Solvent: 
Volume per Ampule: 
Storage: 
Intended Use: 
Safety: 

pJ /c/i 
ftRO 

1OJJCI ocDFPO°°I 

Certficate ofytnaCysis 
Octachlorodibenzofuran-13  C12  

CerilUanV 
Ma}ytical Rthruc. Standard 

a *-*L IRYIWY 

EF-983 
ER080812-01 
August 2022 
n-Nonane 
Not less than 1.2 mL 
Store at room temperature. Do not store cold. 
For R&D/analytical purposes only. Not suitable for human or animal consumption. 
Danger. See Safety Data Sheet. 

• Expiration Date has been established through real time stability studies. 

• Ampules are overfihled to ensure a minimum 1.2 mL volume fill. We advise laboratories to use measured volumes of this standard solution 

before diluting to the desired concentration. 

Component 
Octachlorodibenzofuran-t C12  

Solution Purity Certified Concentration 

>99.9% 50.00±0.31 .tg/mL 

  

• Uncertainty of the concentration is expressed as an expanded uncertainty in accordance with ISO 17025 and Guide 34 at the approximate 

95% confidence interval using a coverage factor of k = 2 and has been calculated by statistical analysis of our production system and 

incorporates uncertainty of the purity factor, material density, and balance and weighing technique. 

• This standard is prepared gravimetrically and mass results are reported on the conventional basis for weighing in air, Concentration is calculated 

based on: the actual measured mass; Purity Factor of the analyte(s); measured mass of the solution; and the density of the pure diluent at 20CC. 

• Concentration is corrected for chromatographic purity, residual water, residual solvents and residual inorganics. 

Solution Standard Verjfication and Homogeneity 
Standard Verified Concentration (sg/mL) %RSD - Homogeneity 

Solution Lot Number Actual Results Acceptance Crtieria Actual Results Acceptance Crtieria 

New Lot ER080812-01 51.3 ±5% 0.2 ~ 3% 

Previous Lot ER06201 1-01 47.2 0.7 

• Concentration is verified through multiple analyses and is calculated as the average of multiple analyses compared to an independently 

prepared calibration solution. 

• Homogeneity of the New Lot is ensured through rigorous production process controls statistically analyzed to evaluate risk and verified by 

analysis. The % RSD of samples pulled from across the lot demonstrate homogeneity of the New Lot. 

• The % RSD of the Previous Lot represents variability of the analysis performed at the time of release. 

Traceability 
• Gravimetrically prepared using qualified balances calibrated semi-annually by Mettler Toledo using NIST traceable weights. Calibration 

verification performed weekly and prior to each use utilizing NIST traceable weights. Each balance has been assigned a minimum weighing 

by Mettler Toledo taking into consideration the balance and installed environmental conditions to ensure weighing complies with USP 

tolerances of no more than 0.1% relative error. 

• Concentration is verified against an independently prepared 4-point calibration curve gravimetrically prepared using balances calibrated to NIST. 

• In addition, each neat material utilized has been identified and thoroughly characterized through the use of multiple analytical techniques. 

Spectral data is provided on subsequent pages of the COA. 

Cerilliant certifies that this standard meets the specifications stated in this certificate and warrants this product to meet the stated 
acceptance criteria through the expiration/retest date when stored unopened as recommended. Product should be used shortly 
after opening to avoid concentration changes due to evaporation. Warranty does not apply to ampoules stored after opening. 

January 28, 2016 
REFERENCE MATERIAL. PRODUCER Darron Ellsworth, Quality Assurance Manager Date 

Cerilliont Corporation 811 Palomo Drive, Suite A, Round Rock, D( 78665 800-848-7837 / 512-238-9974 
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Reagent

10INC13TCDFP_00001
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Reagent

10INDFCL37P_00001
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Reagent

10INDFHXCDRSP_00001
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Reagent

10INDFTCDDRSP_00001
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Reagent

10MXDFC13ISP_00027
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Revision 0 
Page 1 of3 

Labeled Compound Stock Solution 

c°) 
/ \\c\ 

tDl)( FL-13 ISPO°°7 
Certificate oflnatysis 

Analytical Reference Standards 
Cerilliant 
a SIG -ALt3RJCJ- ni'n'pnry 

ISO GUIDE 34 

ISO/IEC 17025 

ISO 13485 

ISO 9001 

GMP/GLP 

Catalog Number: EDF-8999 
Solution Lot: ER082812-01 
Expiration Date: September 2022 
Solvent: n-Nonane 
Volume per Ampule: Not less than 500 iiL 

Storage: Store at room temperature. Do not store cold. 
Intended Use: For R&Df analytical purposes only. Not suitable for human or animal consumption. 
Safety: Flammable 

• Expiration Date has been established through real time stability studies. 

• Ampules are overfilled to ensure a minimum 500 iL volume. We advise laboratories to use measured volumes of this standard solution 

before diluting to the desired concentration. 

Component Lot Number 

CAS 

Number 

Chemical 

Formula 

Molecular 

Weight 

Chromatographic 

Purity Concentration 

2,3,7,8.TCDDLC12  ER060407-02 76523-40-5 '3C12H402C14  333.88 99.0% 100.0 ± 1.0 nglmL 

2.3,7,8-TCDF-'3C15  ER092507-0 I 89059-46-I '3C12H40C14  317.88 99.0% 100,0 ± 1.0 ng/mL 

I ,2,3,7,8-PCDD-°C, ER030907-02 1097 19-79-I 13C12H,02C1, 368.33 99.0% 100.0 ± 1.0 ngImL 

I ,2,3,7,8-PCDF-°C12  ER0l2l 11-01 109719-77.9 '3CHOCI 352.33 99,2% 100,0 ± 1.0 ng/mL 

2,3,4,7,8-PCDF-'3C12  ER102607-01 116843-02-8 °C1 21-1,OCl, 352.33 99,0% 100.0 ± 1.0 ng/mL 

I ,2,3,4,7,8-HxCDD-C12  ER102711-01 109719-80-4 "C12 H202C16  402.77 99.2% 100.0 ± 1.0 ng/mL 

I ,2,3,6,7,8-HxCDD-°C12  ERO 10209-01 1097 19-8 1-5 '3C 2H202C15  402.77 99.0% 100.0 ± 1.0 nglmL 

I ,2,3,4,7,8-HxCDF-"C12  ER0728 10-02 114423-98-2 '3C12 H20C16  386.77 99.6% 100.0 ± 1.0 ng/mL 

I ,2,3,6,7,8-HxCDF-°C12  ER053 107-03 116843-03-9 3C 121-l 2OCl6  386.77 98.0% 100.0 ± 1.0 ng/mL 

I ,2,3,7,8,9-HxCDF-13C12  ERIOO6IO-ol 116843-04-0 'C12 H20C16  386.77 99.5% 100.0 ± 1.0 ng/mL 

2,3,4,6.7.8-HxCDF-'3C12  ERIOO6 10.02 116843-05-I "C12H20C15  386.77 99.4% 100.0± l.ong/mL 

1,2,3,4,6.7.8.HpCDD-"C12  ERl 11010-01 109719-83-7 "C121-102C17  437.22 99.5% 100.0 ± 1.0 nglmL 

I ,2,3,4,6,7,8-HpCDF-°C1, ER10271 1-02 109719-84-8 "C 2HOCI, 421.22 97.5% 100.0± I.ongfmL 

I ,2,3,4,7,8,9-HpCDF-°C1 2 ER053 107-02 1097 19-94-0 C 2HOCI, 421.22 98.0% 100.0 ± 1.0 ng/mL 

OCDD-'3C1, ER071610-01 114423-97-1 13c ~02c111  471.66 99.1% 200.0 ± 2.0 ng/mL 

Uncertainty of the concentration is expressed as an expanded uncertainty in accordance with ISO 17025 and Guide 34 at the approximate 95% confidence interval 

using a coverage factor of k 2 and has been calculated by statistical analysis of our production system and Incorporates uncertainty of the pnnty factor, material 

density, and balance and weighing technique. 

Stoct solution concentration is corrected for chromatographic purity, residual water, residual solvents and residual Inorganics. 

Cerilliant certifies that this standard meets the specifications stated in this certificate and warrants this product to meet the stated 
acceptance criteria through the expiration/retest date when stored unopened as recommended. Product should be used shortly 

after opening to avoid concentration changes due to evaporation. Warranty does not apply to ampoules stored after opening. 

 

October 18, 2012 

  

    

Lara Sparks, Quality Assurance Director Date 

Cerilliont Corporation 811 Palomo Drive, Suite A, Round Rack, D( 78665 800-848-7837 / 512-238-9974 
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Reagent

10MXDFNATP_00002
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Reagent

60MXDXNSCRN_00002
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Reagent

61CV1613S_00001
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Reagent

61IN2378TCDFP_00002
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Reagent

61INC13OCDFP_00001
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Reagent

61L11613P_00001
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Reagent

61L21613P_00001
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WOCfl~ 

Revision 0 
Page 1 of3 

ISO GUIDE 34 

IsO/IEC 17025 

iSO 9001;2008 
cnnç,oi $k. 

o SjGM,A—AL.c1JI1- company 

IL. : 

Certficate ofYlnafysis 

Method 1613 Calibration Solutions 
(CS1 - CS5) 

Ceri LUant 
Analytical ReFerenco Standordt 

  

Catalog Number: EDF-9999 

Kit Let: ER031611-01 

Solution ci C2 C3 C4 CS 

Product Number EDF-9999-1 EDF-9999-2 EDF-9999-3 EDF-9999-4 EDF-9999-5 

LotNumber ER031611-01A ER031611-OIB ER031611-OIC ER031611-OID ER031611-OIE 

Expiration Date: 

Solvent: 

Volume per Ampule: 

Storage: 

Intended Use: 

Safety: 

March2021 

n-Nonane 

Not less than 0.2 mL 

Store at room temperature. Do not store cold, 

For R&D/analytical purposes only. Not suitable for human or animal consumption. 

Flammable 

• Expiration Date ban been established through real time stability studies. 
• Ainpules are averfifled to ensure a minimum 0.2 tolL volume. We advise laboratories to use measured volumes of this standard sLution 

before diluting to the desired concentration. 

Cerilliant certifies that this standard meets the specifications stated in this certificate and warrants this product to meet the stated 
acceptance criteria through the expiration/retest date when stored unopened as recommended, Product should be used shortly 
after opening to avoid concentration changes due to evaporation. Warranty does not apply to ampoules stored after opening. 

April 25, 2011 

 

Lara Sparks, Quality Assurance Director Date 

Cerillioni Corporation 811 Palomo Drive, Suite A, Round Rock, TX 78á65 800848-7837 / 512-238-9974 
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Reagent

61L31613P_00001
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Reagent

61L31613P_00005
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Reagent

61L41613P_00001
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WOCfl~ 

Revision 0 
Page 1 of3 

ISO GUIDE 34 

IsO/IEC 17025 

iSO 9001;2008 
cnnç,oi $k. 

o SjGM,A—AL.c1JI1- company 

IL. : 

Certficate ofYlnafysis 

Method 1613 Calibration Solutions 
(CS1 - CS5) 

Ceri LUant 
Analytical ReFerenco Standordt 

  

Catalog Number: EDF-9999 

Kit Let: ER031611-01 

Solution ci C2 C3 C4 CS 

Product Number EDF-9999-1 EDF-9999-2 EDF-9999-3 EDF-9999-4 EDF-9999-5 

LotNumber ER031611-01A ER031611-OIB ER031611-OIC ER031611-OID ER031611-OIE 

Expiration Date: 

Solvent: 

Volume per Ampule: 

Storage: 

Intended Use: 

Safety: 

March2021 

n-Nonane 

Not less than 0.2 mL 

Store at room temperature. Do not store cold, 

For R&D/analytical purposes only. Not suitable for human or animal consumption. 

Flammable 

• Expiration Date ban been established through real time stability studies. 
• Ainpules are averfifled to ensure a minimum 0.2 tolL volume. We advise laboratories to use measured volumes of this standard sLution 

before diluting to the desired concentration. 

Cerilliant certifies that this standard meets the specifications stated in this certificate and warrants this product to meet the stated 
acceptance criteria through the expiration/retest date when stored unopened as recommended, Product should be used shortly 
after opening to avoid concentration changes due to evaporation. Warranty does not apply to ampoules stored after opening. 

April 25, 2011 

 

Lara Sparks, Quality Assurance Director Date 

Cerillioni Corporation 811 Palomo Drive, Suite A, Round Rock, TX 78á65 800848-7837 / 512-238-9974 
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Reagent

61L51613P_00001
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WOCfl~ 

Revision 0 
Page 1 of3 

ISO GUIDE 34 

IsO/IEC 17025 

iSO 9001;2008 
cnnç,oi $k. 

o SjGM,A—AL.c1JI1- company 

IL. : 

Certficate ofYlnafysis 

Method 1613 Calibration Solutions 
(CS1 - CS5) 

Ceri LUant 
Analytical ReFerenco Standordt 

  

Catalog Number: EDF-9999 

Kit Let: ER031611-01 

Solution ci C2 C3 C4 CS 

Product Number EDF-9999-1 EDF-9999-2 EDF-9999-3 EDF-9999-4 EDF-9999-5 

LotNumber ER031611-01A ER031611-OIB ER031611-OIC ER031611-OID ER031611-OIE 

Expiration Date: 

Solvent: 

Volume per Ampule: 

Storage: 

Intended Use: 

Safety: 

March2021 

n-Nonane 

Not less than 0.2 mL 

Store at room temperature. Do not store cold, 

For R&D/analytical purposes only. Not suitable for human or animal consumption. 

Flammable 

• Expiration Date ban been established through real time stability studies. 
• Ainpules are averfifled to ensure a minimum 0.2 tolL volume. We advise laboratories to use measured volumes of this standard sLution 

before diluting to the desired concentration. 

Cerilliant certifies that this standard meets the specifications stated in this certificate and warrants this product to meet the stated 
acceptance criteria through the expiration/retest date when stored unopened as recommended, Product should be used shortly 
after opening to avoid concentration changes due to evaporation. Warranty does not apply to ampoules stored after opening. 

April 25, 2011 

 

Lara Sparks, Quality Assurance Director Date 

Cerillioni Corporation 811 Palomo Drive, Suite A, Round Rock, TX 78á65 800848-7837 / 512-238-9974 
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Reagent

61WDML3P_00001
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Reagent

61WDML3P_F/L_00013
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Method 1613B
Dioxins and Furans (HRGC/HRMS) by 

Method 1613B
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 140-17578-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Knoxville

GC Column (1): RTX-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #TCDF TCDD 37TCDD PeCDF PeCF PeCDD HxCDF HxDF

LCS 
140-35991/21-A

65 65 72 69 69 70 70 73

QC LIMITS
TCDF = 13C-2,3,7,8-TCDF 22-152
TCDD = 13C-2,3,7,8-TCDD 20-175
37TCDD = 37Cl4-2,3,7,8-TCDD 31-191
PeCDF = 13C-1,2,3,7,8-PeCDF 21-192
PeCF = 13C-2,3,4,7,8-PeCDF 13-328
PeCDD = 13C-1,2,3,7,8-PeCDD 21-227
HxCDF = 13C-1,2,3,4,7,8-HxCDF 19-202
HxDF = 13C-1,2,3,6,7,8-HxCDF 21-159

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 140-17578-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Knoxville

GC Column (1): RTX-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #13CHxCF HxCDD HxDD HxCF HpCDF HpCDD HpCDF2 OCDD

LCS 
140-35991/21-A

76 70 78 76 78 79 73 70

QC LIMITS
13CHxCF = 13C-2,3,4,6,7,8-HxCDF 22-176
HxCDD = 13C-1,2,3,4,7,8-HxCDD 21-193
HxDD = 13C-1,2,3,6,7,8-HxCDD 25-163
HxCF = 13C-1,2,3,7,8,9-HxCDF 17-205
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF 21-158
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD 26-166
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF 20-186
OCDD = 13C-OCDD 13-199

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 140-17578-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Knoxville

GC Column (1): RTX-5 ID: 0.32(mm)

Lab Sample IDClient Sample ID #OCDF

LCS 
140-35991/21-A

76

QC LIMITS
OCDF = 13C-OCDF 13-199

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 140-17578-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Knoxville

GC Column (1): DB225 ID: 0.32(mm)

Lab Sample IDClient Sample ID #TCDF

140-17578-111187072-120419-SS
-SJSSA08(0-1)

63

140-17578-211187072-120419-SS
-SJSSA08(1-2)

58

140-17578-311187072-120419-SS
-SJSSA08(2-4)

61

140-17578-411187072-120419-SS
-SJSSA08(4-6)

63

140-17578-511187072-120619-SS
-SJSSA03(0-1)

59

140-17578-611187072-120619-SS
-SJSSA03(1-2)

61

140-17578-811187072-120619-SS
-SJSSA03(4-6)

64

140-17578-911187072-120619-SS
-SJSSA06(0-1)

63

140-17578-1011187072-120619-SS
-SJSSA06(1-2)

63

140-17578-1111187072-120619-SS
-SJSSA06(2-4)

66

140-17578-1211187072-120619-SS
-SJSSA06(4-6)

121

140-17578-1311187072-120619-SS
-DUP1

74

140-17578-1411187072-120719-SS
-SJSSA02(2-4)

57

140-17578-1511187072-120719-SS
-SJSSA02(4-6)

62

140-17578-1611187072-120719-SS
-SJSSA02(0-1)

61

140-17578-1711187072-120719-SS
-SJSSA02(1-2)

60

140-17578-12 MS11187072-120619-SS
-SJSSA06(4-6) MS

109

140-17578-12 MSD11187072-120619-SS
-SJSSA06(4-6) MSD

88

QC LIMITS
TCDF = 13C-2,3,7,8-TCDF 24-169

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 140-17578-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Knoxville

GC Column (1): RTX-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #TCDF TCDD 37TCDD PeCDF PeCF PeCDD HxCDF HxDF

140-17578-111187072-120419-SS
-SJSSA08(0-1)

66 64 72 66 68 67 70 71

140-17578-211187072-120419-SS
-SJSSA08(1-2)

63 64 72 68 66 70 66 67

140-17578-311187072-120419-SS
-SJSSA08(2-4)

64 63 72 67 66 69 66 66

140-17578-411187072-120419-SS
-SJSSA08(4-6)

65 63 69 67 66 67 66 67

140-17578-511187072-120619-SS
-SJSSA03(0-1)

61 61 68 63 63 66 65 63

140-17578-611187072-120619-SS
-SJSSA03(1-2)

62 63 69 65 66 68 68 67

140-17578-711187072-120619-SS
-SJSSA03(2-4)

63 64 72 65 65 65 68 69

140-17578-811187072-120619-SS
-SJSSA03(4-6)

61 63 68 63 63 65 65 69

140-17578-911187072-120619-SS
-SJSSA06(0-1)

63 64 73 62 63 61 63 68

140-17578-1011187072-120619-SS
-SJSSA06(1-2)

65 65 72 64 65 63 66 66

140-17578-1111187072-120619-SS
-SJSSA06(2-4)

64 63 71 66 60 63 68 69

140-17578-1211187072-120619-SS
-SJSSA06(4-6)

67 69 101 61 69 63 q 68 62

140-17578-1311187072-120619-SS
-DUP1

65 65 75 60 59 60 71 69

140-17578-1411187072-120719-SS
-SJSSA02(2-4)

61 60 67 60 62 63 65 64

140-17578-1511187072-120719-SS
-SJSSA02(4-6)

66 67 71 63 60 62 69 69

140-17578-1611187072-120719-SS
-SJSSA02(0-1)

65 64 72 66 64 66 67 70

140-17578-1711187072-120719-SS
-SJSSA02(1-2)

61 59 67 61 63 63 67 67

MB 
140-35991/20-A

66 65 76 67 66 65 72 73

140-17578-12 MS11187072-120619-SS
-SJSSA06(4-6) MS

60 64 82 59 65 64 69 67

140-17578-12 MSD11187072-120619-SS
-SJSSA06(4-6) MSD

59 54 78 54 54 52 62 q 72

QC LIMITS
TCDF = 13C-2,3,7,8-TCDF 24-169
TCDD = 13C-2,3,7,8-TCDD 25-164
37TCDD = 37Cl4-2,3,7,8-TCDD 35-197
PeCDF = 13C-1,2,3,7,8-PeCDF 24-185
PeCF = 13C-2,3,4,7,8-PeCDF 21-178
PeCDD = 13C-1,2,3,7,8-PeCDD 25-181
HxCDF = 13C-1,2,3,4,7,8-HxCDF 26-152
HxDF = 13C-1,2,3,6,7,8-HxCDF 26-123

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 140-17578-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Knoxville

GC Column (1): RTX-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #13CHxCF HxCDD HxDD HxCF HpCDF HpCDD HpCDF2 OCDD

140-17578-111187072-120419-SS
-SJSSA08(0-1)

69 66 75 69 67 71 62 60

140-17578-211187072-120419-SS
-SJSSA08(1-2)

68 65 71 67 68 70 63 68

140-17578-311187072-120419-SS
-SJSSA08(2-4)

67 65 68 66 67 69 65 66

140-17578-411187072-120419-SS
-SJSSA08(4-6)

67 67 68 67 67 67 62 64

140-17578-511187072-120619-SS
-SJSSA03(0-1)

65 64 66 63 65 66 63 61

140-17578-611187072-120619-SS
-SJSSA03(1-2)

68 64 70 66 70 69 65 64

140-17578-711187072-120619-SS
-SJSSA03(2-4)

68 67 70 67 67 69 64 64

140-17578-811187072-120619-SS
-SJSSA03(4-6)

66 67 67 67 69 71 66 67

140-17578-911187072-120619-SS
-SJSSA06(0-1)

64 65 67 66 66 68 62 61

140-17578-1011187072-120619-SS
-SJSSA06(1-2)

65 61 66 65 65 66 62 61

140-17578-1111187072-120619-SS
-SJSSA06(2-4)

67 66 68 65 67 66 61 57

140-17578-1211187072-120619-SS
-SJSSA06(4-6)

66 70 71 68 76 71 65 76

140-17578-1311187072-120619-SS
-DUP1

65 69 71 64 64 64 62 53

140-17578-1411187072-120719-SS
-SJSSA02(2-4)

65 62 66 65 65 67 62 63

140-17578-1511187072-120719-SS
-SJSSA02(4-6)

69 68 67 68 64 66 62 57

140-17578-1611187072-120719-SS
-SJSSA02(0-1)

70 70 74 69 70 73 64 63

140-17578-1711187072-120719-SS
-SJSSA02(1-2)

69 66 70 66 68 68 61 59

MB 
140-35991/20-A

74 67 77 71 72 70 64 59

140-17578-12 MS11187072-120619-SS
-SJSSA06(4-6) MS

58 70 70 63 67 62 55 57

140-17578-12 MSD11187072-120619-SS
-SJSSA06(4-6) MSD

69 70 69 70 63 q 60 55 66

QC LIMITS
13CHxCF = 13C-2,3,4,6,7,8-HxCDF 28-136
HxCDD = 13C-1,2,3,4,7,8-HxCDD 32-141
HxDD = 13C-1,2,3,6,7,8-HxCDD 28-130
HxCF = 13C-1,2,3,7,8,9-HxCDF 29-147
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF 28-143
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD 23-140
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF 26-138
OCDD = 13C-OCDD 17-157

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 140-17578-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Knoxville

GC Column (1): RTX-5 ID: 0.32(mm)

Lab Sample IDClient Sample ID #OCDF

140-17578-111187072-120419-SS
-SJSSA08(0-1)

60

140-17578-211187072-120419-SS
-SJSSA08(1-2)

66

140-17578-311187072-120419-SS
-SJSSA08(2-4)

68

140-17578-411187072-120419-SS
-SJSSA08(4-6)

64

140-17578-511187072-120619-SS
-SJSSA03(0-1)

63

140-17578-611187072-120619-SS
-SJSSA03(1-2)

67

140-17578-711187072-120619-SS
-SJSSA03(2-4)

65

140-17578-811187072-120619-SS
-SJSSA03(4-6)

69

140-17578-911187072-120619-SS
-SJSSA06(0-1)

61

140-17578-1011187072-120619-SS
-SJSSA06(1-2)

63

140-17578-1111187072-120619-SS
-SJSSA06(2-4)

57

140-17578-1211187072-120619-SS
-SJSSA06(4-6)

71

140-17578-1311187072-120619-SS
-DUP1

56

140-17578-1411187072-120719-SS
-SJSSA02(2-4)

64

140-17578-1511187072-120719-SS
-SJSSA02(4-6)

62

140-17578-1611187072-120719-SS
-SJSSA02(0-1)

65

140-17578-1711187072-120719-SS
-SJSSA02(1-2)

60

MB 
140-35991/20-A

63

140-17578-12 MS11187072-120619-SS
-SJSSA06(4-6) MS

63

140-17578-12 MSD11187072-120619-SS
-SJSSA06(4-6) MSD

57

QC LIMITS
OCDF = 13C-OCDF 17-157

FORM II 1613B

# Column to be used to flag recovery values
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DIOXIN LAB CONTROL SAMPLE RECOVERY
FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

140-17578-1

Lab File ID: lcs140-3599121-a.dSediment

Lab ID: LCS 140-35991/21-A Client ID:

Eurofins TestAmerica, Knoxville

REC 
%
REC

QC
LIMITSCONCENTRATION

(pg/g)

SPIKE
ADDED
(pg/g)

#
LCS LCS

COMPOUND
2,3,7,8-TCDD 20.0 20.7 67-158104
1,2,3,7,8-PeCDD 100 104 70-142104
1,2,3,4,7,8-HxCDD 100 101 70-164101
1,2,3,6,7,8-HxCDD 100 104 76-134104
1,2,3,7,8,9-HxCDD 100 105 64-162105
1,2,3,4,6,7,8-HpCDD 100 94.4 70-14094
OCDD 200 187 78-14493
2,3,7,8-TCDF 20.0 21.5 75-158108
1,2,3,7,8-PeCDF 100 95.9 80-13496
2,3,4,7,8-PeCDF 100 102 68-160102
1,2,3,4,7,8-HxCDF 100 103 72-134103
1,2,3,6,7,8-HxCDF 100 98.4 84-13098
2,3,4,6,7,8-HxCDF 100 97.8 70-15698
1,2,3,7,8,9-HxCDF 100 101 78-130101
1,2,3,4,6,7,8-HpCDF 100 94.2 82-12294
1,2,3,4,7,8,9-HpCDF 100 104 78-138104
OCDF 200 165 63-17083
13C-2,3,7,8-TCDD 100 64.9 20-17565
13C-1,2,3,7,8-PeCDD 100 69.6 21-22770
13C-1,2,3,4,7,8-HxCDD 100 70.0 21-19370
13C-1,2,3,6,7,8-HxCDD 100 78.3 25-16378
13C-1,2,3,4,6,7,8-HpCDD 100 79.4 26-16679
13C-OCDD 200 141 13-19970
13C-2,3,7,8-TCDF 100 64.8 22-15265
13C-1,2,3,7,8-PeCDF 100 69.4 21-19269
13C-2,3,4,7,8-PeCDF 100 69.5 13-32869
13C-1,2,3,4,7,8-HxCDF 100 70.4 19-20270
13C-1,2,3,6,7,8-HxCDF 100 73.3 21-15973
13C-2,3,4,6,7,8-HxCDF 100 75.6 22-17676
13C-1,2,3,7,8,9-HxCDF 100 76.3 17-20576
13C-1,2,3,4,6,7,8-HpCDF 100 78.2 21-15878
13C-1,2,3,4,7,8,9-HpCDF 100 72.7 20-18673
13C-OCDF 200 152 13-19976

FORM III 1613B

# Column to be used to flag recovery and RPD values
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DIOXIN MATRIX SPIKE RECOVERY
FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

140-17578-1

Lab File ID: 140-17578-a-12-bmsa.dSediment

Lab ID: 140-17578-12 MS Client ID: 11187072-120619-SS-SJSSA06(4-6) MS

Eurofins TestAmerica, Knoxville

LIMITS
COMPOUND

CONCENTRATION %
REC

QC

REC

SAMPLE
CONCENTRATION

SPIKE
ADDED
(pg/g) (pg/g) (pg/g)

#
MS MS

34.4 1180 67-1582,3,7,8-TCDD -45872800 4
172 182 70-1421,2,3,7,8-PeCDD 9125 J
172 177 70-1641,2,3,4,7,8-HxCDD 103ND
172 158 76-1341,2,3,6,7,8-HxCDD 92ND
172 171 64-1621,2,3,7,8,9-HxCDD 974.0 J
172 253 70-1401,2,3,4,6,7,8-HpCDD 10475 J
344 2010 78-144OCDD 2011300 F1
172 278 80-1341,2,3,7,8-PeCDF 14250 F1
172 237 68-1602,3,4,7,8-PeCDF 39170 F1
172 320 72-1341,2,3,4,7,8-HxCDF -56420 F1
172 215 84-1301,2,3,6,7,8-HxCDF 60110 F1
172 202 70-1562,3,4,6,7,8-HxCDF 11111 J
172 179 78-1301,2,3,7,8,9-HxCDF 1007.3 J
172 199 82-1221,2,3,4,6,7,8-HpCDF 55100 F1
172 198 78-1381,2,3,4,7,8,9-HpCDF 9141 J
344 286 63-170OCDF 7046 J
172 109 25-16413C-2,3,7,8-TCDD 64110
172 109 25-18113C-1,2,3,7,8-PeCDD 64100
172 120 32-14113C-1,2,3,4,7,8-HxCDD 70120
172 120 28-13013C-1,2,3,6,7,8-HxCDD 70120
172 107 23-14013C-1,2,3,4,6,7,8-HpCDD 62120
344 195 17-15713C-OCDD 57250
172 103 24-16913C-2,3,7,8-TCDF 60110
172 101 24-18513C-1,2,3,7,8-PeCDF 59100
172 111 21-17813C-2,3,4,7,8-PeCDF 65110
172 119 26-15213C-1,2,3,4,7,8-HxCDF 69110
172 116 26-12313C-1,2,3,6,7,8-HxCDF 67100
172 99.5 28-13613C-2,3,4,6,7,8-HxCDF 58110
172 108 29-14713C-1,2,3,7,8,9-HxCDF 63110
172 116 28-14313C-1,2,3,4,6,7,8-HpCDF 67130
172 94.3 26-13813C-1,2,3,4,7,8,9-HpCDF 55110
344 217 17-15713C-OCDF 63240

FORM III 1613B

# Column to be used to flag recovery and RPD values
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DIOXIN MATRIX SPIKE RECOVERY
FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

140-17578-1

Lab File ID: 140-17578-a-12-bms.dSediment

Lab ID: 140-17578-12 MS Client ID: 11187072-120619-SS-SJSSA06(4-6) MS

Eurofins TestAmerica, Knoxville

LIMITS
COMPOUND

CONCENTRATION %
REC

QC

REC

SAMPLE
CONCENTRATION

SPIKE
ADDED
(pg/g) (pg/g) (pg/g)

#
MS MS

34.4 1860 75-1582,3,7,8-TCDF -59383900 4
172 187 24-16913C-2,3,7,8-TCDF 109200

FORM III 1613B

# Column to be used to flag recovery and RPD values
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DIOXIN MATRIX SPIKE DUPLICATE RECOVERY
FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

140-17578-1

Lab File ID: 140-17578-a-12-cmsda.dSediment

Lab ID: 140-17578-12 MSD Client ID: 11187072-120619-SS-SJSSA06(4-6) MSD

Eurofins TestAmerica, Knoxville

COMPOUND

SPIKE
ADDED CONCENTRATION %

REC
%
RPD

QC LIMITS

RPD REC (pg/g) (pg/g)
#

MSD MSD

32.6 1190 25 67-1582,3,7,8-TCDD 1-4818 4
163 203 25 70-1421,2,3,7,8-PeCDD 11109
163 163 25 70-1641,2,3,4,7,8-HxCDD 8100
163 188 25 76-1341,2,3,6,7,8-HxCDD 17116
163 176 25 64-1621,2,3,7,8,9-HxCDD 3106
163 271 25 70-1401,2,3,4,6,7,8-HpCDD 7120
326 1790 25 78-144OCDD 12145 4
163 273 25 80-1341,2,3,7,8-PeCDF 212 F1
163 245 25 68-1602,3,4,7,8-PeCDF 346 F1
163 337 25 72-1341,2,3,4,7,8-HxCDF 5-49 F1
163 190 25 84-1301,2,3,6,7,8-HxCDF 1248 F1
163 180 25 70-1562,3,4,6,7,8-HxCDF 11104
163 160 25 78-1301,2,3,7,8,9-HxCDF 1194
163 202 25 82-1221,2,3,4,6,7,8-HpCDF 260 F1
163 220 25 78-1381,2,3,4,7,8,9-HpCDF 11110
326 348 25 63-170OCDF 2093
163 87.6 25-16413C-2,3,7,8-TCDD 54
163 84.7 25-18113C-1,2,3,7,8-PeCDD 52
163 114 32-14113C-1,2,3,4,7,8-HxCDD 70
163 112 28-13013C-1,2,3,6,7,8-HxCDD 69
163 97.6 23-14013C-1,2,3,4,6,7,8-HpCDD 60
326 216 17-15713C-OCDD 66
163 96.8 24-16913C-2,3,7,8-TCDF 59
163 87.6 24-18513C-1,2,3,7,8-PeCDF 54
163 88.3 21-17813C-2,3,4,7,8-PeCDF 54
163 100 26-15213C-1,2,3,4,7,8-HxCDF 62 q
163 117 26-12313C-1,2,3,6,7,8-HxCDF 72
163 113 28-13613C-2,3,4,6,7,8-HxCDF 69
163 114 29-14713C-1,2,3,7,8,9-HxCDF 70
163 103 28-14313C-1,2,3,4,6,7,8-HpCDF 63 q
163 90.3 26-13813C-1,2,3,4,7,8,9-HpCDF 55
326 184 17-15713C-OCDF 57

FORM III 1613B

# Column to be used to flag recovery and RPD values
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DIOXIN MATRIX SPIKE DUPLICATE RECOVERY
FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

140-17578-1

Lab File ID: 140-17578-a-12-cmsd.dSediment

Lab ID: 140-17578-12 MSD Client ID: 11187072-120619-SS-SJSSA06(4-6) MSD

Eurofins TestAmerica, Knoxville

COMPOUND

SPIKE
ADDED CONCENTRATION %

REC
%
RPD

QC LIMITS

RPD REC (pg/g) (pg/g)
#

MSD MSD

32.6 1950 25 75-1582,3,7,8-TCDF 4-6013 4
163 143 24-16913C-2,3,7,8-TCDF 88

FORM III 1613B

# Column to be used to flag recovery and RPD values
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FORM IV
DIOXIN METHOD BLANK SUMMARY

Lab Name:

SDG No.:

Job No.: 140-17578-1Eurofins TestAmerica, Knoxville

Instrument ID:

Level:(Low/Med)

Date Extracted:

Date Analyzed: 12/17/2019  04:00

12/11/2019  10:49

Low

D2A

Lab File ID: mb140-3599120-a.d Lab Sample ID: MB 140-35991/20-A

Matrix: Sediment

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES:

LAB SAMPLE ID
LAB

FILE ID DATE ANALYZEDCLIENT SAMPLE ID
 12/17/2019  02:04lcs140-3599

121-a.d
LCS 140-35991/21-A

 12/17/2019  05:02140-17578-a
-1-a.d

140-17578-111187072-120419-SS-SJSSA08(0-1
)

 12/17/2019  06:03140-17578-a
-2-a.d

140-17578-211187072-120419-SS-SJSSA08(1-2
)

 12/17/2019  07:04140-17578-a
-3-a.d

140-17578-311187072-120419-SS-SJSSA08(2-4
)

 12/17/2019  08:05140-17578-a
-4-a.d

140-17578-411187072-120419-SS-SJSSA08(4-6
)

 12/17/2019  09:06140-17578-a
-5-a.d

140-17578-511187072-120619-SS-SJSSA03(0-1
)

 12/17/2019  10:07140-17578-a
-6-a.d

140-17578-611187072-120619-SS-SJSSA03(1-2
)

 12/17/2019  11:08140-17578-a
-7-a.d

140-17578-711187072-120619-SS-SJSSA03(2-4
)

 12/17/2019  15:32140-17578-a
-8-a.d

140-17578-811187072-120619-SS-SJSSA03(4-6
)

 12/17/2019  16:33140-17578-a
-9-a.d

140-17578-911187072-120619-SS-SJSSA06(0-1
)

 12/17/2019  17:34140-17578-a
-10-a.d

140-17578-1011187072-120619-SS-SJSSA06(1-2
)

 12/17/2019  18:35140-17578-a
-11-a.d

140-17578-1111187072-120619-SS-SJSSA06(2-4
)

 12/18/2019  02:58140-17578-a
-13-a.d

140-17578-1311187072-120619-SS-DUP1

 12/18/2019  03:24140-17578-a
-1-a.d

140-17578-111187072-120419-SS-SJSSA08(0-1
)

 12/18/2019  03:58140-17578-a
-6-a.d

140-17578-611187072-120619-SS-SJSSA03(1-2
)

 12/18/2019  03:59140-17578-a
-14-a.d

140-17578-1411187072-120719-SS-SJSSA02(2-4
)

 12/18/2019  04:33140-17578-a
-2-a.d

140-17578-211187072-120419-SS-SJSSA08(1-2
)

 12/18/2019  05:00140-17578-a
-15-a.d

140-17578-1511187072-120719-SS-SJSSA02(4-6
)

 12/18/2019  05:08140-17578-A
-5-Aa.d

140-17578-511187072-120619-SS-SJSSA03(0-1
)

 12/18/2019  05:44140-17578-a
-4-a.d

140-17578-411187072-120419-SS-SJSSA08(4-6
)

 12/18/2019  06:01140-17578-a
-16-a.d

140-17578-1611187072-120719-SS-SJSSA02(0-1
)

 12/18/2019  06:19140-17578-a
-3-a.d

140-17578-311187072-120419-SS-SJSSA08(2-4
)

FORM IV 1613B
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FORM IV
DIOXIN METHOD BLANK SUMMARY

Lab Name:

SDG No.:

Job No.: 140-17578-1Eurofins TestAmerica, Knoxville

Instrument ID:

Level:(Low/Med)

Date Extracted:

Date Analyzed: 12/17/2019  04:00

12/11/2019  10:49

Low

D2A

Lab File ID: mb140-3599120-a.d Lab Sample ID: MB 140-35991/20-A

Matrix: Sediment

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES:

LAB SAMPLE ID
LAB

FILE ID DATE ANALYZEDCLIENT SAMPLE ID
 12/18/2019  06:55140-17578-a

-8-a.d
140-17578-811187072-120619-SS-SJSSA03(4-6

)
 12/18/2019  07:02140-17578-a

-17-a.d
140-17578-1711187072-120719-SS-SJSSA02(1-2

)
 12/18/2019  07:30140-17578-a

-9-a.d
140-17578-911187072-120619-SS-SJSSA06(0-1

)
 12/18/2019  08:03140-17578-a

-12-aa.d
140-17578-1211187072-120619-SS-SJSSA06(4-6

)
 12/18/2019  08:05140-17578-a

-10-a.d
140-17578-1011187072-120619-SS-SJSSA06(1-2

)
 12/18/2019  08:41140-17578-a

-11-a.d
140-17578-1111187072-120619-SS-SJSSA06(2-4

)
 12/18/2019  09:05140-17578-a

-12-bmsa.d
140-17578-12 MS11187072-120619-SS-SJSSA06(4-6

) MS
 12/18/2019  09:16140-17578-a

-12-a.d
140-17578-1211187072-120619-SS-SJSSA06(4-6

)
 12/18/2019  09:52140-17578-a

-12-bms.d
140-17578-12 MS11187072-120619-SS-SJSSA06(4-6

) MS
 12/18/2019  10:06140-17578-a

-12-cmsda.d
140-17578-12 MSD11187072-120619-SS-SJSSA06(4-6

) MSD
 12/18/2019  10:27140-17578-a

-12-cmsd.d
140-17578-12 MSD11187072-120619-SS-SJSSA06(4-6

) MSD
 12/18/2019  13:39140-17578-a

-15-a.d
140-17578-1511187072-120719-SS-SJSSA02(4-6

)
 12/18/2019  14:14140-17578-a

-16-a.d
140-17578-1611187072-120719-SS-SJSSA02(0-1

)
 12/18/2019  14:50140-17578-a

-17-a.d
140-17578-1711187072-120719-SS-SJSSA02(1-2

)
 12/18/2019  15:25140-17578-a

-14-a.d
140-17578-1411187072-120719-SS-SJSSA02(2-4

)
 12/18/2019  19:48140-17578-a

-13-a.d
140-17578-1311187072-120619-SS-DUP1

FORM IV 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-1

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-1-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  05:02

Low1(uL)

20(uL)

% Moisture: 23.7

Sample wt/vol: 10.06(g)

N

Analysis Batch No.: 36126 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.131746-01-6 2,3,7,8-TCDD 4.1

1.3 0.13B q41903-57-5 Total TCDD 6.4

6.5 0.092J q40321-76-4 1,2,3,7,8-PeCDD 0.20

6.5 0.092J q36088-22-9 Total PeCDD 2.4

6.5 0.047J q39227-28-6 1,2,3,4,7,8-HxCDD 0.31

6.5 0.049J57653-85-7 1,2,3,6,7,8-HxCDD 0.57

6.5 0.045J19408-74-3 1,2,3,7,8,9-HxCDD 1.3

6.5 0.047B q34465-46-8 Total HxCDD 18

6.5 0.15B35822-46-9 1,2,3,4,6,7,8-HpCDD 28

6.5 0.15B37871-00-4 Total HpCDD 89

13 0.050B3268-87-9 OCDD 930

1.3 0.11I B q30402-14-3 Total TCDF 26

6.5 0.078J57117-41-6 1,2,3,7,8-PeCDF 0.49

6.5 0.073J57117-31-4 2,3,4,7,8-PeCDF 0.29

6.5 0.075J I q30402-15-4 Total PeCDF 3.6

6.5 0.12J70648-26-9 1,2,3,4,7,8-HxCDF 0.84

6.5 0.11J I q57117-44-9 1,2,3,6,7,8-HxCDF 0.37

6.5 0.1260851-34-5 2,3,4,6,7,8-HxCDF ND

6.5 0.1672918-21-9 1,2,3,7,8,9-HxCDF ND

6.5 0.13J I q55684-94-1 Total HxCDF 4.4

6.5 0.075J B67562-39-4 1,2,3,4,6,7,8-HpCDF 3.1

6.5 0.12J B q55673-89-7 1,2,3,4,7,8,9-HpCDF 0.53

6.5 0.10B q38998-75-3 Total HpCDF 7.1

13 0.17B39001-02-0 OCDF 20

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-1

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-1-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  05:02

Low1(uL)

20(uL)

% Moisture: 23.7

Sample wt/vol: 10.06(g)

N

Analysis Batch No.: 36126 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

64 25-16476523-40-5 13C-2,3,7,8-TCDD

67 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

66 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

75 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

71 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

60 17-157114423-97-1 13C-OCDD

66 24-16989059-46-1 13C-2,3,7,8-TCDF

66 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

68 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

70 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

71 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

69 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

69 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

67 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

62 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

60 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

72 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A          
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Sample Type: Client
Inject. Date: 17-Dec-2019 05:02:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-008
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 10:08:08 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 10:08:08

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:49      42287 0.75   1.1733       1.579       1.579   0.0483   0.0483
A Non-2,3,7,8-sub-TCDD 29:30      23073 0.77   1.1733      0.9084      0.8613   0.0483   0.3205  RQM
S Total TCDD       2.487       2.440   0.0483   0.0483  RQ

  2,3,7,8-TCDF 28:51     222143 0.85   1.0881       5.304       5.304   0.0435   0.0435
A Non-2,3,7,8-sub-TCDF 28:13     200261 0.77   1.0881       4.879       4.782   0.0435    2.233  RQM
S Total TCDF        10.2        10.1   0.0435   0.0435  RQ

  1,2,3,7,8-PeCDD 40:33       1577 1.55   1.0434      0.1244      0.0780   0.0351   0.0351  RQM
A Non-2,3,7,8-sub-PeCDD 39:27      16742 1.55   1.0434      0.9140      0.8278   0.0351   0.3684  RQM
S Total PeCDD       1.038      0.9058   0.0351   0.0351  RQ

  1,2,3,7,8-PeCDF 38:47       6759 1.40   1.1898      0.1874      0.1874   0.0299   0.0299  M
  2,3,4,7,8-PeCDF 40:02       3810 1.41   1.1095      0.1104      0.1104   0.0280   0.0280
A Non-2,3,7,8-sub-PeCDF 38:02      38446 1.55   1.1496       1.181       1.089   0.0289   0.2824  RQMa
S Total PeCDF       1.479       1.387   0.0290   0.0290  RQ

  1,2,3,4,7,8-HxCDD 44:50       2761 1.24   1.1409      0.1460      0.1202   0.0179   0.0179  RQ
  1,2,3,6,7,8-HxCDD 44:57       6007 1.16   1.1481      0.2184      0.2184   0.0187   0.0187
  1,2,3,7,8,9-HxCDD 45:21      13560 1.27   1.2212      0.5037      0.5037   0.0172   0.0172  M
A Non-2,3,7,8-sub-HxCDD 44:19     158450 1.24   1.1700       6.211       6.143   0.0179    4.199  RQM
S Total HxCDD       7.079       6.985   0.0179   0.0179  RQ

  1,2,3,4,7,8-HxCDF 43:48      12789 1.23   1.3629      0.3220      0.3220   0.0448   0.0448
  1,2,3,6,7,8-HxCDF 43:56       6621 1.24   1.2762      0.1638      0.1434   0.0410   0.0410  RQM
  2,3,4,6,7,8-HxCDF 44:40   0.0472   0.0472
  1,2,3,7,8,9-HxCDF 45:36   0.0620   0.0620
A Non-2,3,7,8-sub-HxCDF 44:10      50298 1.24   1.2905       1.287       1.237   0.0477   0.4499  RQM
S Total HxCDF       1.773       1.702   0.0488   0.0488  RQ

  1,2,3,4,6,7,8-HpCDD 49:37     242849 1.00   1.1204        10.8        10.8   0.0592   0.0592
A Non-2,3,7,8-sub-HpCDD 49:03     527664 1.07   1.1204        23.5        23.5   0.0592     23.5
S Total HpCDD        34.3        34.3   0.0592   0.0592

  1,2,3,4,6,7,8-HpCDF 47:58      43681 1.17   1.4984       1.189       1.189   0.0287   0.0287
  1,2,3,4,7,8,9-HpCDF 50:16       5450 1.04   1.3807      0.2225      0.2032   0.0479   0.0479  RQ
A Non-2,3,7,8-sub-HpCDF 49:20      42248 1.04   1.4395       1.336       1.336   0.0362    1.161  a
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       2.748       2.729   0.0383   0.0383  RQ

  OCDD 53:53    6415562 0.94   1.2073       358.8       358.8   0.0193   0.0193
  OCDF 54:01     185801 0.94   1.1162       7.547       7.547   0.0655   0.0655
D 13C-2,3,7,8-TCDD 30:47    1141586 0.76   1.0709        32.0        32.0   0.3405   0.3405  64.05
D 13C-2,3,7,8-TCDF 28:47    1924301 0.78   1.7545        32.9        32.9   0.5172   0.5172  65.90
D 13C-1,2,3,7,8-PeCDD 40:34     969152 1.65   0.8743        33.3        33.3   0.2745   0.2745  66.60
D 13C-1,2,3,7,8-PeCDF 38:45    1515859 1.58   1.3704        33.2        33.2   0.3466   0.3466  66.46
D 13C-2,3,4,7,8-PeCDF 40:01    1555244 1.59   1.3837        33.8        33.8   0.3432   0.3432  67.53
D 13C-1,2,3,4,7,8-HxCDD 44:49    1006660 1.30   0.8772        32.9        32.9   0.1756   0.1756  65.87
D 13C-1,2,3,6,7,8-HxCDD 44:56    1197894 1.37   0.9171        37.5        37.5   0.1680   0.1680  74.97
D 13C-1,2,3,4,7,8-HxCDF 43:47    1457087 0.54   1.1892        35.2        35.2   0.2355   0.2355  70.33
D 13C-1,2,3,6,7,8-HxCDF 43:55    1809146 0.52   1.4625        35.5        35.5   0.1915   0.1915  71.01
D 13C-2,3,4,6,7,8-HxCDF 44:39    1594578 0.51   1.3197        34.7        34.7   0.2122   0.2122  69.36
D 13C-1,2,3,7,8,9-HxCDF 45:35    1441373 0.52   1.2001        34.5        34.5   0.2334   0.2334  68.94
D 13C-1,2,3,4,6,7,8-HpCDD 49:36    1002268 1.15   0.8155        35.3        35.3   0.2904   0.2904  70.55
D 13C-1,2,3,4,6,7,8-HpCDF 47:57    1225464 0.45   1.0496        33.5        33.5   0.3768   0.3768  67.01
D 13C-1,2,3,4,7,8,9-HpCDF 50:16     971353 0.47   0.8947        31.2        31.2   0.4421   0.4421  62.32
D 13C-OCDD 53:52    1481293 0.88   0.7044        60.4        60.4   0.5053   0.5053  60.35
D 13C-OCDF 54:00    2205784 0.89   1.0615        59.6        59.6   0.1852   0.1852  59.64
$ 37Cl4-2,3,7,8-TCDD 30:48     293093   1.2266       7.179       7.179   0.0856   0.0856  71.79

* 13C-1,2,3,4-TCDD 30:15    3328704 0.82  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:20    3484377 1.30    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A          
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Sample Type: Client
Inject. Date: 17-Dec-2019 05:02:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-008
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 10:08:08 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 10:08:08

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:49 30:49   -3  1.001      18142       2133     21     52    102
321.8936 30:48 30:49   -4  1.001      24145       2612     35     87     75  0.75(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQM

319.8965 24:54 29:30 -275  0.809       1543        269     21     52     13
Empc Correction       1160        214     21     52     10

321.8936 24:53 29:30 -276  0.808       1507        279     35     87      8  1.02(0.65-0.89) M

319.8965 25:41 29:30 -228  0.834        820        127     21     52      6
321.8936 25:36 29:30 -234  0.831       1561        216     35     87      6  0.53(0.65-0.89)

Empc Correction       1064        164     35     87      5

319.8965 27:47 29:30 -102  0.903       3518        469     21     52     22 M
321.8936 27:47 29:30 -102  0.903       5068        622     35     87     18  0.69(0.65-0.89)

319.8965 30:17 29:30   48  0.984       1409        260     21     52     12 M
321.8936 30:16 29:30   47  0.984       1640        285     35     87      8  0.86(0.65-0.89)

319.8965 30:35 29:30   65  0.993       1405        170     21     52      8
Empc Correction       1024        206     21     52     10

321.8936 30:34 29:30   64  0.993       1331        268     35     87      8  1.06(0.65-0.89)

319.8965 31:52 29:30  143  1.036       1871        220     21     52     10
321.8936 31:54 29:30  145  1.037       2661        416     35     87     12  0.70(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:51 28:51   -2  1.002     102381      10478     39     97    269
305.8987 28:49 28:51   -4  1.001     119762      13142     46    115    286  0.85(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 23:48 28:13 -265  0.827       1789        364     39     97      9
305.8987 23:49 28:13 -264  0.827       3299        541     46    115     12  0.54(0.65-0.89)

Empc Correction       2323        472     46    115     10
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 24:20 28:13 -233  0.845       2862        427     39     97     11
305.8987 24:20 28:13 -233  0.845       3454        402     46    115      9  0.83(0.65-0.89)

303.9016 25:03 28:13 -190  0.871       6274        690     39     97     18
Empc Correction       4618        619     39     97     16

305.8987 25:02 28:13 -191  0.870       5998        805     46    115     18  1.05(0.65-0.89) M

303.9016 25:48 28:13 -145  0.896       7146        715     39     97     18 M
305.8987 25:48 28:13 -145  0.896       9663       1068     46    115     23  0.74(0.65-0.89)

303.9016 26:14 28:13 -119  0.912       1574        239     39     97      6
305.8987 26:15 28:13 -118  0.912       2322        260     46    115      6  0.68(0.65-0.89)

303.9016 26:27 28:13 -106  0.919       2468        449     39     97     12
305.8987 26:27 28:13 -106  0.919       3929        477     46    115     10  0.63(0.65-0.89)

Empc Correction       3205        583     46    115     13

303.9016 26:55 28:13  -78  0.936       4173        708     39     97     18
305.8987 27:03 28:13  -71  0.940       6177        515     46    115     11  0.68(0.65-0.89)

303.9016 27:44 28:13  -29  0.964      38326       4587     39     97    118 M
305.8987 27:43 28:13  -30  0.963      55189       6997     46    115    152  0.69(0.65-0.89)

303.9016 28:20 28:13    7  0.985       3457        278     39     97      7 M
Empc Correction       2743        237     39     97      6

305.8987 28:20 28:13    7  0.985       3563        308     46    115      7  0.97(0.65-0.89)

303.9016 30:00 28:13  107  1.043       6271        653     39     97     17
305.8987 30:03 28:13  110  1.044       9035        913     46    115     20  0.69(0.65-0.89)

303.9016 32:46 28:13  272  1.139       5303        509     39     97     13
305.8987 32:48 28:13  274  1.140       6462        736     46    115     16  0.82(0.65-0.89)

303.9016 33:51 28:13  337  1.176       7178        781     39     97     20
305.8987 33:53 28:13  339  1.177       8419       1051     46    115     23  0.85(0.65-0.89)

1,2,3,7,8-PeCDD RQM
355.8546 40:33 40:33   -3  1.000        959        181     22     55      8 M
357.8516 40:35 40:33   -1  1.000       1557        243     39     97      6  0.62(1.32-1.78) M

Empc Correction        618        116     39     97      3

A Non-2,3,7,8-sub-PeCDD RQM

355.8546 37:36 39:27 -111  0.927       3064        495     22     55     23
Empc Correction       1523        406     22     55     18

357.8516 37:37 39:27 -110  0.927        983        262     39     97      7  3.12(1.32-1.78)

355.8546 38:26 39:27  -60  0.948       4575        880     22     55     40
357.8516 38:27 39:27  -59  0.948       2876        635     39     97     16  1.59(1.32-1.78)

355.8546 38:57 39:27  -30  0.000     22     55
357.8516 38:57 39:27  -30  0.000     39     97  0.00(1.32-1.78)

355.8546 39:10 39:27  -17  0.966        983        228     22     55     10 M
357.8516 39:09 39:27  -18  0.965        836        174     39     97      4  1.18(1.32-1.78)

Empc Correction        634        147     39     97      4

355.8546 39:50 39:27   23  0.982       3020        519     22     55     24
357.8516 39:50 39:27   23  0.982       2148        388     39     97     10  1.41(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 38:47 38:47   -1  1.001       3943        724     39     97     19 M
341.8567 38:47 38:47   -1  1.001       2816        492     44    110     11  1.40(1.32-1.78) M
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,7,8-PeCDF
339.8597 40:02 40:03   -2  1.000       2228        442     39     97     11
341.8567 40:01 40:03   -3  1.000       1582        323     44    110      7  1.41(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 34:42 38:02 -199  0.895       4010        541     39     97     14
341.8567 34:39 38:02 -202  0.894       3076        506     44    110     12  1.30(1.32-1.78)

Empc Correction       2587        349     44    110      8

339.8597 37:15 38:02  -47  0.961       6186        900     39     97     23
341.8567 37:16 38:02  -45  0.962       3785        676     44    110     15  1.63(1.32-1.78)

339.8597 38:08 38:02    6  0.984       3520        712     39     97     18
Empc Correction       2644        799     39     97     20

341.8567 38:09 38:02    7  0.984       1706        516     44    110     12  2.06(1.32-1.78)

339.8597 39:24 38:02   83  1.017       5668        905     39     97     23
341.8567 39:25 38:02   84  1.017       3274        553     44    110     13  1.73(1.32-1.78)

339.8597 40:16 38:02  134  1.039       2063        426     39     97     11
341.8567 40:16 38:02  134  1.039       1987        252     44    110      6  1.04(1.32-1.78) M

Empc Correction       1330        274     44    110      6

339.8597 41:27 38:02  205  1.070       3157        570     39     97     15 a
341.8567 41:27 38:02  205  1.070       3271        511     44    110     12  0.97(1.32-1.78)

Empc Correction       2036        367     44    110      8

1,2,3,4,7,8-HxCDD RQ
389.8158 44:50 44:50    0  1.000       2121        384     25     62     15

Empc Correction       1528        328     25     62     13
391.8127 44:51 44:50    1  1.001       1233        265     19     47     14  1.72(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:57 44:57    0  1.000       3225        870     25     62     35
391.8127 44:57 44:57    0  1.000       2782        684     19     47     36  1.16(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8158 45:21 45:19    0  1.012       7599       1223     25     62     49 M
391.8127 45:19 45:19   -2  1.011       5961       1116     19     47     59  1.27(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD RQM

389.8158 42:59 44:19  -80  0.000     25     62
391.8127 42:59 44:19  -80  0.000     19     47  0.00(1.05-1.43)

389.8158 43:17 44:19  -62  0.963      60581      15889     25     62    636
391.8127 43:16 44:19  -63  0.963      47731      11839     19     47    623  1.27(1.05-1.43) M

389.8158 43:50 44:19  -29  0.976       4378        841     25     62     34
Empc Correction       2611        668     25     62     27

391.8127 43:51 44:19  -28  0.976       2106        539     19     47     28  2.08(1.05-1.43)

389.8158 44:08 44:19  -12  0.982      22720       4793     25     62    192
391.8127 44:08 44:19  -12  0.982      17406       4487     19     47    236  1.31(1.05-1.43)

389.8158 44:18 44:19   -1  0.986       3067        674     25     62     27
391.8127 44:18 44:19   -1  0.986       2228        452     19     47     24  1.38(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 43:48 43:49    0  1.000       7064       1758     82    205     21
375.8178 43:48 43:49    0  1.000       5725       1538    103    257     15  1.23(1.05-1.43)
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDF RQM
373.8208 43:56 43:56    0  1.000       4609       1294     82    205     16

Empc Correction       3665        771     82    205      9
375.8178 43:56 43:56    0  1.000       2956        622    103    257      6  1.56(1.05-1.43) M

2,3,4,6,7,8-HxCDF
373.8208 44:40      82     205
375.8178 44:40     103     257

1,2,3,7,8,9-HxCDF
373.8208 45:36      82     205
375.8178 45:36     103     257

A Non-2,3,7,8-sub-HxCDF RQM

373.8208 42:34 44:10  -96  0.969       2759        728     82    205      9
375.8178 42:34 44:10  -96  0.969       2866        742    103    257      7  0.96(1.05-1.43)

Empc Correction       2224        587    103    257      6

373.8208 42:45 44:10  -84  0.973       8776       2240     82    205     27
375.8178 42:45 44:10  -84  0.973       8165       2339    103    257     23  1.07(1.05-1.43) M

373.8208 43:22 44:10  -48  0.987       5579       1550     82    205     19
375.8178 43:22 44:10  -48  0.987       5885       1043    103    257     10  0.95(1.05-1.43) M

Empc Correction       4499       1249    103    257     12

373.8208 43:33 44:10  -37  0.992       9993       2687     82    205     33
375.8178 43:33 44:10  -37  0.992       8303       2416    103    257     23  1.20(1.05-1.43)

1,2,3,4,6,7,8-HpCDD
423.7767 49:37 49:37   -1  1.000     121649      20986     40    100    525
425.7737 49:37 49:37   -1  1.000     121200      19902     52    130    383  1.00(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 48:27 49:03  -35  0.977     272458      52048     40    100   1301
425.7737 48:27 49:03  -35  0.977     255206      45115     52    130    868  1.07(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 47:58 47:58   -1  1.000      23545       4665     42    105    111
409.7788 47:58 47:58   -1  1.000      20136       3920     46    115     85  1.17(0.88-1.20)

1,2,3,4,7,8,9-HpCDF RQ
407.7817 50:16 50:17   -2  1.000       3297        681     42    105     16

Empc Correction       2778        415     42    105     10
409.7788 50:18 50:17    0  1.001       2672        400     46    115      9  1.23(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF a

407.7817 48:22 49:20  -57  1.009       2836        461     42    105     11 a
409.7788 48:20 49:20  -59  1.008       2683        554     46    115     12  1.06(0.88-1.20)

407.7817 48:35 49:20  -44  1.013      18720       3795     42    105     90 a
409.7788 48:35 49:20  -44  1.013      18009       3593     46    115     78  1.04(0.88-1.20)

OCDD
457.7377 53:53 53:53   -1  1.000    3110890     639210     19     47  33643
459.7348 53:53 53:53   -1  1.000    3304672     700504     10     25  70050  0.94(0.76-1.02)

OCDF
441.7428 54:01 54:01   -1  1.000      90161      19460     61    152    319
443.7399 54:01 54:01   -1  1.000      95640      20602     81    202    254  0.94(0.76-1.02)

Page 173 of 2476



Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDD
331.9368 30:47 30:45   -2  1.017     494189      50897    343    857    148
333.9338 30:46 30:45   -3  1.017     647397      72737    199    497    366  0.76(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:47 28:46   -3  0.951     841489      93609    489   1222    191
317.9389 28:47 28:46   -3  0.951    1082812     130275    860   2150    151  0.78(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:34 40:30   -1  1.341     602925     128340    187    467    686
369.8919 40:34 40:30   -1  1.341     366227      78971    170    425    465  1.65(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:45 38:42   -2  1.281     928336     176487    347    867    509
353.8970 38:45 38:42   -2  1.281     587523     114224    359    897    318  1.58(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:01 39:58   -2  1.322     955384     205559    347    867    592
353.8970 40:01 39:58   -2  1.322     599860     127348    359    897    355  1.59(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:49 44:49    0  0.989     568218     151336    325    812    466
403.8529 44:49 44:49    0  0.989     438442     117319    103    257   1139  1.30(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:56 44:56    0  0.991     691874     144016    325    812    443
403.8529 44:56 44:56    0  0.991     506020     112205    103    257   1089  1.37(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:47 43:47    0  0.966     508748     133946    256    640    523
385.8610 43:47 43:47    0  0.966     948339     244005    522   1305    467  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:55 43:56    0  0.969     619829     149794    256    640    585
385.8610 43:55 43:56    0  0.969    1189317     291388    522   1305    558  0.52(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:39 44:39    0  0.985     540734     136092    256    640    532
385.8610 44:39 44:39    0  0.985    1053844     250661    522   1305    480  0.51(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:35 45:35    0  1.006     494798      99498    256    640    389
385.8610 45:35 45:35    0  1.006     946575     196615    522   1305    377  0.52(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:36 49:36   -1  1.094     535643      90620    228    570    397
437.8140 49:36 49:36   -1  1.094     466625      82806    430   1075    193  1.15(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:57 47:57   -1  1.058     381432      76818    688   1720    112
419.8220 47:57 47:57   -1  1.058     844032     178968    411   1027    435  0.45(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:16   -1  1.109     309353      52108    688   1720     76
419.8220 50:16 50:16   -1  1.109     662000     114320    411   1027    278  0.47(0.37-0.51)

13C-OCDD
469.7780 53:52 53:52   -1  1.188     694974     145861    442   1105    330
471.7750 53:52 53:52   -1  1.188     786319     162578    547   1367    297  0.88(0.76-1.02)
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-OCDF
453.7830 54:00 54:01   -1  1.191    1037009     228715    292    730    783
455.7801 54:00 54:01   -1  1.191    1168775     257020    254    635   1012  0.89(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:48 30:48   -4  1.018     293093      31670    156    390    203

13C-1,2,3,4-TCDD
331.9368 30:15 30:19   -4    1501305     166031    343    857    484
333.9338 30:15 30:19   -4    1827399     205589    199    497   1033  0.82(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:20 45:20    0    1969858     385765    325    812   1187
403.8529 45:20 45:20    0    1514519     308752    103    257   2998  1.30(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Inject. Date: 17-Dec-2019 05:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDD, RT: 29.485

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1141586          123634
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1141586          123634

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:54              1543               269              1507               279      0.1139 1.02 RQM
24:54              1160               214              1507               279      0.0996 Empc Correction
25:41               820               127              1561               216      0.0889 0.53 RQ
25:41               820               127              1064               164      0.0703 Empc Correction
27:47              3518               469              5068               622      0.3205 0.69 M
30:17              1409               260              1640               285      0.1138 0.86 M
30:35              1405               170              1331               268      0.1021 1.06 RQ
30:35              1024               206              1331               268      0.0879 Empc Correction
31:52              1871               220              2661               416      0.1692 0.70
Signal Totals:

             9802              1496             13271              2034
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            24334              3601 0.77 RQM
            23073              3530 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9084 = (24334 * 50.000) / (1141586 * 1.173)
Empc Amount:         0.8613 = (23073 * 50.000) / (1141586 * 1.173)
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Inject. Date: 17-Dec-2019 05:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDF, RT: 28.214

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         1924301          223884
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         1924301          223884

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:48              1789               364              3299               541      0.1215 0.54 RQ
23:48              1789               364              2323               472      0.0982 Empc Correction
24:20              2862               427              3454               402      0.1508 0.83
25:03              6274               690              5998               805      0.2930 1.05 RQM
25:03              4618               619              5998               805      0.2535 Empc Correction
25:48              7146               715              9663              1068      0.4014 0.74 M
26:14              1574               239              2322               260      0.0930 0.68
26:27              2468               449              3929               477      0.1528 0.63 RQ
26:27              2468               449              3205               583      0.1355 Empc Correction
26:55              4173               708              6177               515      0.2471 0.68
27:44             38326              4587             55189              6997        2.23 0.69 M
28:20              3457               278              3563               308      0.1676 0.97 RQM
28:20              2743               237              3563               308      0.1506 Empc Correction
30:00              6271               653              9035               913      0.3655 0.69
32:46              5303               509              6462               736      0.2809 0.82
33:51              7178               781              8419              1051      0.3724 0.85
Signal Totals:

            84451             10288            115810             14110
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           204331             24473 0.74 RQM
           200261             24398 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.879 = (204331 * 50.000) / (1924301 * 1.088)
Empc Amount:          4.782 = (200261 * 50.000) / (1924301 * 1.088)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Inject. Date: 17-Dec-2019 05:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 8

Non-2,3,7,8-sub-PeCDD, RT: 39.441

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000          969152          207311
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000          969152          207311

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:36              3064               495               983               262      0.2001 3.12 RQ
37:36              1523               406               983               262      0.1239 Empc Correction
38:26              4575               880              2876               635      0.3684 1.59
38:57                 0                 0                 0                 0 0.00
39:10               983               228               836               174      0.0899 1.18 RQM
39:10               983               228               634               147      0.0800 Empc Correction
39:50              3020               519              2148               388      0.2555 1.41
Signal Totals:

            10101              2033              6641              1432
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            18485              3581 1.70 RQM
            16742              3465 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9140 = (18485 * 50.000) / (969152 * 1.043)
Empc Amount:         0.8278 = (16742 * 50.000) / (969152 * 1.043)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Inject. Date: 17-Dec-2019 05:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 8

Non-2,3,7,8-sub-PeCDF, RT: 38.019

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         1515859          290711
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1555244          332907
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         1535551          311809

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:42              4010               541              3076               506      0.2007 1.30 RQ
34:42              4010               541              2587               349      0.1869 Empc Correction
37:15              6186               900              3785               676      0.2824 1.63
38:08              3520               712              1706               516      0.1480 2.06 RQ
38:08              2644               799              1706               516      0.1232 Empc Correction
39:24              5668               905              3274               553      0.2533 1.73
40:16              2063               426              1987               252      0.1147 1.04 RQM
40:16              2063               426              1330               274      0.0961 Empc Correction
41:27              3157               570              3271               511      0.1821 0.97 RQa
41:27              3157               570              2036               367      0.1471 Empc Correction
Signal Totals:

            23728              4141             14718              2735
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            41703              7068 1.44 RQMa
            38446              6876 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.181 = (41703 * 50.000) / (1535551 * 1.150)
Empc Amount:          1.089 = (38446 * 50.000) / (1535551 * 1.150)
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Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Inject. Date: 17-Dec-2019 05:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 8

Non-2,3,7,8-sub-HxCDD, RT: 44.311

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1006660          268655
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1197894          256221
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1102277          262438

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

42:59                 0                 0                 0                 0 0.00
43:17             60581             15889             47731             11839        4.20 1.27 M
43:50              4378               841              2106               539      0.2514 2.08 RQ
43:50              2611               668              2106               539      0.1829 Empc Correction
44:08             22720              4793             17406              4487        1.56 1.31
44:18              3067               674              2228               452      0.2053 1.38
Signal Totals:

            88979             22024             69471             17317
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           160217             39514 1.31 RQM
           158450             39341 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          6.211 = (160217 * 50.000) / (1102277 * 1.170)
Empc Amount:          6.143 = (158450 * 50.000) / (1102277 * 1.170)
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QC Flag Legend

Processing Flags
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Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Inject. Date: 17-Dec-2019 05:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 8

Non-2,3,7,8-sub-HxCDF, RT: 44.159

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1457087          377951
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         1809146          441182
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         1594578          386753
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1441373          296113
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         1575546          375499

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:34              2759               728              2866               742      0.1383 0.96 RQ
42:34              2759               728              2224               587      0.1225 Empc Correction
42:45              8776              2240              8165              2339      0.4166 1.07 M
43:22              5579              1550              5885              1043      0.2819 0.95 RQM
43:22              5579              1550              4499              1249      0.2478 Empc Correction
43:33              9993              2687              8303              2416      0.4499 1.20
Signal Totals:

            27107              7205             23191              6591
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            52326             13745 1.07 RQM
            50298             13796 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.287 = (52326 * 50.000) / (1575546 * 1.290)
Empc Amount:          1.237 = (50298 * 50.000) / (1575546 * 1.290)

Page 186 of 2476



Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Inject. Date: 17-Dec-2019 05:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1002268          173426
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1002268          173426

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:27            272458             52048            255206             45115        23.5 1.07
Signal Totals:

           272458             52048            255206             45115
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           527664             97163 1.07

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         23.494 = (527664 * 50.000) / (1002268 * 1.120)
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Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Inject. Date: 17-Dec-2019 05:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDF, RT: 49.317

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1225464          255786
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000          971353          166428
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1098408          211107

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:22              2836               461              2683               554      0.1745 1.06 a
48:35             18720              3795             18009              3593        1.16 1.04 a
Signal Totals:

            21556              4256             20692              4147
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            42248              8403 1.04 a

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.336 = (42248 * 50.000) / (1098408 * 1.440)

QC Flag Legend

Review Flags
a - User Assigned ID
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Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
TCDD
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Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
TCDD
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TCDD Lock Mass
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
RT = 24.879 Area = 1998
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Manual Integration Results
RT = 24.879 Area = 1507 M
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Reviewer: davidsonm, 17-Dec-2019 10:03:01
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 27.774 Area = 2872
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Manual Integration Results
RT = 27.774 Area = 3518 M
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Reviewer: davidsonm, 17-Dec-2019 10:03:25
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 30.283 Area = 586
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Manual Integration Results
RT = 30.283 Area = 1409 M
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Reviewer: davidsonm, 17-Dec-2019 10:03:25
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
TCDF
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TCDF Standards
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 17-Dec-2019 10:08:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.46- 33.96)
Signal: 2

Processing Integration Results
RT = 25.030 Area = 4975
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Manual Integration Results
RT = 25.030 Area = 5998 M
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Reviewer: davidsonm, 17-Dec-2019 10:04:15
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 25.788 Area = 5473
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Manual Integration Results
RT = 25.788 Area = 7146 M
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Reviewer: davidsonm, 17-Dec-2019 10:04:39
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 27.724 Area = 37626
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Manual Integration Results
RT = 27.724 Area = 38326 M
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Reviewer: davidsonm, 17-Dec-2019 10:04:39
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 28.330 Area = 2951
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Manual Integration Results
RT = 28.330 Area = 3457 M
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Reviewer: davidsonm, 17-Dec-2019 10:04:39
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
PeCDD
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 2

Processing Integration Results
RT:  40.57
Area: 1203
Amount:    0.118075
Amount Units: pg/ul
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Manual Integration Results
RT:  40.57
Area: 1557
Amount:    0.124404
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:05:15
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 1

Processing Integration Results
RT:  40.54
Area: 1185
Amount:    0.118075
Amount Units: pg/ul
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Manual Integration Results
RT:  40.54
Area: 959
Amount:    0.124404
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:05:25
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 39.156 Area = 1576
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Manual Integration Results
RT = 39.156 Area = 983 M
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Reviewer: davidsonm, 17-Dec-2019 10:05:37
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
PeCDF
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          41.45
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
PeCDF
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          41.45
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PeCDF Lock Mass
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
PeCDF
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          39.40

Non-2,3,7,8-sub-PeCDF
          37.24

Non-2,3,7,8-sub-PeCDF
          41.45

Non-2,3,7,8-sub-PeCDF
          34.69
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.78
Area: 5179
Amount:    0.237394
Amount Units: pg/ul
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Manual Integration Results
RT:  38.78
Area: 3943
Amount:    0.187381
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:05:52
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.78
Area: 3384
Amount:    0.237394
Amount Units: pg/ul
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Manual Integration Results
RT:  38.78
Area: 2816
Amount:    0.187381
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:05:54
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.62- 41.42)
Signal: 2

Processing Integration Results
RT = 40.259 Area = 2978
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Manual Integration Results
RT = 40.259 Area = 1987 M
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Reviewer: davidsonm, 17-Dec-2019 10:06:06
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
HxCDD
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
HxCDD
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HxCDD Lock Mass
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  45.33
Area: 8569
Amount:    0.548262
Amount Units: pg/ul
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Manual Integration Results
RT:  45.33
Area: 7599
Amount:    0.503688
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:06:39
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  45.30
Area: 6191
Amount:    0.548262
Amount Units: pg/ul
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Manual Integration Results
RT:  45.30
Area: 5961
Amount:    0.503688
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:06:41
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 43.23- 45.39)
Signal: 2

Processing Integration Results
RT = 43.257 Area = 48750
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Manual Integration Results
RT = 43.257 Area = 47731 M
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Reviewer: davidsonm, 17-Dec-2019 10:06:48
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
HxCDF
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          43.92

13C-1,2,3,7,8,9-HxCDF
          45.57
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F3:m/z     385.8610
13C-1,2,3,6,7,8-HxCDF
          43.92

13C-1,2,3,7,8,9-HxCDF
          45.57

44.19
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

3

6

9

12

15

18

21

24

27
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33

Y
 ( 

X
10

0)

F3:m/z     373.8208

Non-2,3,7,8-sub-HxCDF
          43.54

1,2,3,4,7,8-HxCDF
          43.80

1,2,3,6,7,8-HxCDF
          43.93
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F3:m/z     375.8178

Non-2,3,7,8-sub-HxCDF
          43.54

1,2,3,4,7,8-HxCDF
          43.80

44.47

HxCDF Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

0)

F3:m/z     373.8208

Non-2,3,7,8-sub-HxCDF
          43.54

1,2,3,4,7,8-HxCDF
          43.80

1,2,3,6,7,8-HxCDF
          43.93

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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10

13
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Y
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X
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0)

F3:m/z     375.8178

Non-2,3,7,8-sub-HxCDF
          43.54

1,2,3,4,7,8-HxCDF
          43.80

44.47

HxCDF Interference Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

2

10

18

26

34

42

50
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Y
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)

F3:m/z     445.7555 43.53

44.47

43.9343.16
42.73
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  43.93
Area: 3497
Amount:    0.175538
Amount Units: pg/ul
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3.
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2

Manual Integration Results
RT:  43.93
Area: 2956
Amount:    0.163823
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:07:04
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.54- 45.78)
Signal: 2

Processing Integration Results
RT = 42.750 Area = 8891
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F3:m/z     375.8178

Manual Integration Results
RT = 42.750 Area = 8165 M
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F3:m/z     375.8178

Reviewer: davidsonm, 17-Dec-2019 10:07:19
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.54- 45.78)
Signal: 2

Processing Integration Results
RT = 43.358 Area = 6841
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Manual Integration Results
RT = 43.358 Area = 5885 M
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Reviewer: davidsonm, 17-Dec-2019 10:07:19
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
HpCDD
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F4:m/z     423.7767
Non-2,3,7,8-sub-HpCDD
          48.45

1,2,3,4,6,7,8-HpCDD
          49.61

51.9350.7850.0048.95 49.09
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F4:m/z     425.7737
Non-2,3,7,8-sub-HpCDD
          48.45

1,2,3,4,6,7,8-HpCDD
          49.61

51.9348.80 50.05

HpCDD Standards
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          49.60
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13C-1,2,3,4,6,7,8-HpCDD
          49.60
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
HpCDD

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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24
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36

42

48
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Y
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10

00
)

F4:m/z     423.7767

Non-2,3,7,8-sub-HpCDD
          48.45

1,2,3,4,6,7,8-HpCDD
          49.61

51.9350.7850.0048.95 49.09

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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Y
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F4:m/z     425.7737

Non-2,3,7,8-sub-HpCDD
          48.45

1,2,3,4,6,7,8-HpCDD
          49.61

51.9348.80 50.05

HpCDD Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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F4:m/z     407.7817
1,2,3,4,6,7,8-HpCDF
          47.96

47.72
48.75

1,2,3,4,7,8,9-HpCDF
          50.25
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F4:m/z     409.7788
1,2,3,4,6,7,8-HpCDF
          47.96

47.72

48.73 1,2,3,4,7,8,9-HpCDF
          50.29

HpCDF Standards
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F4:m/z     417.8250
13C-1,2,3,4,6,7,8-HpCDF
          47.94

13C-1,2,3,4,7,8,9-HpCDF
          50.25
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F4:m/z     419.8220
13C-1,2,3,4,6,7,8-HpCDF
          47.94

13C-1,2,3,4,7,8,9-HpCDF
          50.25

48.23
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF
          47.96

47.72
48.75

1,2,3,4,7,8,9-HpCDF
          50.25
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F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.96

47.72

48.73 1,2,3,4,7,8,9-HpCDF
          50.29

HpCDF Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF
          47.96

47.72
48.75

1,2,3,4,7,8,9-HpCDF
          50.25

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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10
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F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.96

47.72

48.73 1,2,3,4,7,8,9-HpCDF
          50.29

HpCDF Interference Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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F4:m/z     479.7165 47.72
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Report Date: 17-Dec-2019 10:08:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
OCDD
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OCDD Standards
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13C-OCDD
  53.86
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Report Date: 17-Dec-2019 10:08:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
OCDD
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Min
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OCDD Lock Mass
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F5:m/z     425.9770
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Report Date: 17-Dec-2019 10:08:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
OCDF
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Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F5:m/z     441.7428
OCDF
  54.01

52.39 53.87 54.49

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F5:m/z     443.7399
OCDF
  54.01

52.39 53.87

OCDF Standards

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F5:m/z     453.7830
13C-OCDF
  53.99

54.29

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F5:m/z     455.7801
13C-OCDF
  53.99

54.32

Page 233 of 2476



Report Date: 17-Dec-2019 10:08:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 10:08:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-1-a.d
Injection Date: 17-Dec-2019 05:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36126 Sample Line#: 8
Column Type: Column Dia:
OCDF
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OCDF Interference Mass
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-1

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-1-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  03:24

Low1(uL)

20(uL)

% Moisture: 23.7

Sample wt/vol: 10.06(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.4651207-31-9 2,3,7,8-TCDF 11

%RECCAS NO. LIMITSQISOTOPE DILUTION

63 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 04:18:13 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A          
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Sample Type: Client
Inject. Date: 18-Dec-2019 03:24:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-006
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 04:18:13 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 04:18:12

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:43      51736 0.77   1.2213       2.256       1.708   0.2770   0.2770  RQ
  2,3,7,8-TCDF 22:14     155746 0.79   1.1100       4.162       4.162   0.1762   0.1762  Ma
D 13C-2,3,7,8-TCDD 19:42    1240299 0.84   1.0031        37.1        37.1   0.6890   0.6890  74.25
D 13C-2,3,7,8-TCDF 22:12    1685590 0.81   1.6193        31.3        31.3   0.2386   0.2386  62.51
$ 37Cl4-2,3,7,8-TCDD 19:43     274991   1.1834       6.977       6.977   0.0522   0.0522  69.77

* 13C-1,2,3,4-TCDD 20:09    3330621 0.83  1.6E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 04:18:13 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-1-a.d
Lims ID: 140-17578-A-1-A          
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Sample Type: Client
Inject. Date: 18-Dec-2019 03:24:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-006
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 04:18:13 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 04:18:12

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD RQ
319.8965 19:43 19:43    0  1.001      22507       3457    322    805     11
321.8936 19:44 19:43    1  1.002      45828       4067    135    337     30  0.49(0.65-0.89)

Empc Correction      29229       4489    135    337     33

2,3,7,8-TCDF Ma
303.9016 22:14 22:14   -1  1.002      68695       9925    220    550     45 M
305.8987 22:15 22:14    0  1.002      87051      11811    121    302     98  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:42 19:42    0  0.977     565682      77101    683   1707    113
333.9338 19:42 19:42    0  0.977     674617      91664    714   1785    128  0.84(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:12 22:13   -1  1.102     754929      93081    367    917    254
317.9389 22:13 22:13    0  1.103     930661     124743    414   1035    301  0.81(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:43 19:43    0  0.978     274991      42921    125    312    343

13C-1,2,3,4-TCDD
331.9368 20:09 20:09    0    1510125     218972    683   1707    321
333.9338 20:08 20:09   -1    1820496     286295    714   1785    401  0.83(0.65-0.89)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 04:18:14 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-1-a.d
Injection Date: 18-Dec-2019 03:24:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36167 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 04:18:14 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-1-a.d
Injection Date: 18-Dec-2019 03:24:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36167 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 04:18:14 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-1-a.d
Injection Date: 18-Dec-2019 03:24:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Worklist#: 36167 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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13.95

Page 241 of 2476



Report Date: 18-Dec-2019 04:18:14 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-1-a.d
Injection Date: 18-Dec-2019 03:24:00 Instrument ID: D12C
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  22.24
Area: 95250
Amount:    4.680051
Amount Units: pg/ul
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Manual Integration Results
RT:  22.24
Area: 87051
Amount:    4.161975
Amount Units: pg/ul
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Reviewer: mcwhirterl, 18-Dec-2019 04:17:51
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 04:18:14 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-1-a.d
Injection Date: 18-Dec-2019 03:24:00 Instrument ID: D12C
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 3

Processing Integration Results
RT:  22.23
Area: 175133
Amount:    4.680051
Amount Units: pg/ul
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Manual Integration Results
RT:  22.23
Area: 155746
Amount:    4.161975
Amount Units: pg/ul
Reviewer: mcwhirterl, 18-Dec-2019 04:17:51
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 04:18:14 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-1-a.d
Injection Date: 18-Dec-2019 03:24:00 Instrument ID: D12C
Lims ID: 140-17578-A-1-A          Lab Sample ID: 140-17578-1              
Client ID: 11187072-120419-SS-SJSSA08(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  22.23
Area: 79883
Amount:    4.680051
Amount Units: pg/ul
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Manual Integration Results
RT:  22.23
Area: 68695
Amount:    4.161975
Amount Units: pg/ul
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Reviewer: mcwhirterl, 18-Dec-2019 04:17:52
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Baseline
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-2

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-2-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  06:03

Low1(uL)

20(uL)

% Moisture: 32.5

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 36126 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.5 0.0961746-01-6 2,3,7,8-TCDD 10

1.5 0.096B q41903-57-5 Total TCDD 17

7.3 0.066J q40321-76-4 1,2,3,7,8-PeCDD 0.49

7.3 0.066J q36088-22-9 Total PeCDD 6.4

7.3 0.052J39227-28-6 1,2,3,4,7,8-HxCDD 0.98

7.3 0.052J57653-85-7 1,2,3,6,7,8-HxCDD 1.7

7.3 0.049J19408-74-3 1,2,3,7,8,9-HxCDD 3.0

7.3 0.051B q34465-46-8 Total HxCDD 50

7.3 0.17B35822-46-9 1,2,3,4,6,7,8-HpCDD 73

7.3 0.17B37871-00-4 Total HpCDD 240

15 0.049B3268-87-9 OCDD 2600

1.5 0.12I B q30402-14-3 Total TCDF 68

7.3 0.062J57117-41-6 1,2,3,7,8-PeCDF 1.2

7.3 0.059J q57117-31-4 2,3,4,7,8-PeCDF 0.86

7.3 0.060I q30402-15-4 Total PeCDF 7.3

7.3 0.12J70648-26-9 1,2,3,4,7,8-HxCDF 2.5

7.3 0.11J I57117-44-9 1,2,3,6,7,8-HxCDF 1.1

7.3 0.13J q60851-34-5 2,3,4,6,7,8-HxCDF 0.25

7.3 0.1672918-21-9 1,2,3,7,8,9-HxCDF ND

7.3 0.13I q55684-94-1 Total HxCDF 12

7.3 0.12J B67562-39-4 1,2,3,4,6,7,8-HpCDF 6.6

7.3 0.17J B55673-89-7 1,2,3,4,7,8,9-HpCDF 1.0

7.3 0.14B q38998-75-3 Total HpCDF 16

15 0.026B39001-02-0 OCDF 53

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-2

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-2-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  06:03

Low1(uL)

20(uL)

% Moisture: 32.5

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 36126 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

64 25-16476523-40-5 13C-2,3,7,8-TCDD

70 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

65 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

71 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

70 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

68 17-157114423-97-1 13C-OCDD

63 24-16989059-46-1 13C-2,3,7,8-TCDF

68 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

66 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

66 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

67 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

68 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

67 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

68 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

63 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

66 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

72 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A          
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Sample Type: Client
Inject. Date: 17-Dec-2019 06:03:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-009
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 10:15:19 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 10:15:19

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:48     125164 0.76   1.1733       3.544       3.544   0.0327   0.0327
A Non-2,3,7,8-sub-TCDD 29:30      76117 0.77   1.1733       2.346       2.155   0.0327   0.8369  RQMa
S Total TCDD       5.890       5.699   0.0327   0.0327  RQ

  2,3,7,8-TCDF 28:49     637235 0.82   1.0881        12.1        12.1   0.0403   0.0403
A Non-2,3,7,8-sub-TCDF 28:13     588218 0.77   1.0881        11.3        11.2   0.0403    5.208  RQM
S Total TCDF        23.4        23.3   0.0403   0.0403  RQ

  1,2,3,7,8-PeCDD 40:35       4682 1.55   1.0434      0.2007      0.1671   0.0226   0.0226  RQM
A Non-2,3,7,8-sub-PeCDD 39:27      56458 1.55   1.0434       2.202       2.015   0.0226   0.9272  RQ
S Total PeCDD       2.403       2.182   0.0226   0.0226  RQ

  1,2,3,7,8-PeCDF 38:47      20260 1.39   1.1898      0.4197      0.4197   0.0211   0.0211  M
  2,3,4,7,8-PeCDF 40:02      13025 1.55   1.1095      0.3273      0.2943   0.0200   0.0200  RQ
A Non-2,3,7,8-sub-PeCDF 38:02      82851 1.55   1.1496       1.916       1.791   0.0205   0.5565  RQM
S Total PeCDF       2.663       2.505   0.0205   0.0205  RQ

  1,2,3,4,7,8-HxCDD 44:50      10588 1.31   1.1409      0.3345      0.3345   0.0176   0.0176
  1,2,3,6,7,8-HxCDD 44:57      21216 1.19   1.1481      0.5774      0.5774   0.0179   0.0179
  1,2,3,7,8,9-HxCDD 45:20      37155 1.15   1.2212       1.019       1.019   0.0166   0.0166
A Non-2,3,7,8-sub-HxCDD 44:19     529893 1.24   1.1700        15.2        15.2   0.0174     10.5  RQ
S Total HxCDD        17.1        17.1   0.0174   0.0174  RQ

  1,2,3,4,7,8-HxCDF 43:48      44110 1.24   1.3629      0.8390      0.8390   0.0405   0.0405
  1,2,3,6,7,8-HxCDF 43:56      22961 1.17   1.2762      0.3733      0.3733   0.0391   0.0391  M
  2,3,4,6,7,8-HxCDF 44:39       4776 1.24   1.2654      0.1105      0.0857   0.0446   0.0446  RQMa
  1,2,3,7,8,9-HxCDF 45:36   0.0545   0.0545
A Non-2,3,7,8-sub-HxCDF 44:10     151604 1.24   1.2905       2.809       2.760   0.0440   0.7816  RQMa
S Total HxCDF       4.132       4.058   0.0447   0.0447  RQ

  1,2,3,4,6,7,8-HpCDD 49:37     779404 1.02   1.1204        24.8        24.8   0.0593   0.0593
A Non-2,3,7,8-sub-HpCDD 49:03    1785649 1.04   1.1204        56.9        56.9   0.0593     56.9
S Total HpCDD        81.7        81.7   0.0593   0.0593

  1,2,3,4,6,7,8-HpCDF 47:57     118582 0.99   1.4984       2.263       2.263   0.0394   0.0394  M
  1,2,3,4,7,8,9-HpCDF 50:17      12981 0.97   1.3807      0.3419      0.3419   0.0583   0.0583
A Non-2,3,7,8-sub-HpCDF 49:20     132968 1.04   1.4395       3.022       2.957   0.0473    2.710  RQMa
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       5.627       5.563   0.0488   0.0488  RQ

  OCDD 53:53   24681595 0.90   1.2073       877.0       877.0   0.0168   0.0168
  OCDF 54:00     693321 0.92   1.1162        18.0        18.0 0.008754 0.008754
D 13C-2,3,7,8-TCDD 30:45    1505183 0.81   1.0709        32.1        32.1   0.2596   0.2596  64.14
D 13C-2,3,7,8-TCDF 28:47    2416473 0.81   1.7545        31.4        31.4   0.7926   0.7926  62.85
D 13C-1,2,3,7,8-PeCDD 40:33    1342920 1.59   0.8743        35.0        35.0   0.2435   0.2435  70.10
D 13C-1,2,3,7,8-PeCDF 38:45    2028743 1.56   1.3704        33.8        33.8   0.3172   0.3172  67.56
D 13C-2,3,4,7,8-PeCDF 40:01    1994592 1.66   1.3837        32.9        32.9   0.3141   0.3141  65.78
D 13C-1,2,3,4,7,8-HxCDD 44:49    1387066 1.27   0.8772        32.3        32.3   0.1063   0.1063  64.52
D 13C-1,2,3,6,7,8-HxCDD 44:56    1600185 1.27   0.9171        35.6        35.6   0.1017   0.1017  71.20
D 13C-1,2,3,4,7,8-HxCDF 43:47    1928699 0.53   1.1892        33.1        33.1   0.2975   0.2975  66.18
D 13C-1,2,3,6,7,8-HxCDF 43:55    2409647 0.51   1.4625        33.6        33.6   0.2419   0.2419  67.23
D 13C-2,3,4,6,7,8-HxCDF 44:39    2203267 0.54   1.3197        34.1        34.1   0.2681   0.2681  68.13
D 13C-1,2,3,7,8,9-HxCDF 45:35    1971647 0.55   1.2001        33.5        33.5   0.2948   0.2948  67.04
D 13C-1,2,3,4,6,7,8-HpCDD 49:36    1400601 1.00   0.8155        35.0        35.0   0.1230   0.1230  70.08
D 13C-1,2,3,4,6,7,8-HpCDF 47:57    1748388 0.48   1.0496        34.0        34.0   0.1998   0.1998  67.97
D 13C-1,2,3,4,7,8,9-HpCDF 50:16    1374841 0.47   0.8947        31.4        31.4   0.2344   0.2344  62.70
D 13C-OCDD 53:52    2331248 0.94   0.7044        67.5        67.5   0.2276   0.2276  67.52
D 13C-OCDF 54:00    3443827 0.92   1.0615        66.2        66.2   0.1657   0.1657  66.20
$ 37Cl4-2,3,7,8-TCDD 30:48     387099   1.2266       7.201       7.201   0.3238   0.3238  72.01

* 13C-1,2,3,4-TCDD 30:16    4382440 0.81  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:19    4901310 1.26    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A          
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Sample Type: Client
Inject. Date: 17-Dec-2019 06:03:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-009
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 10:15:19 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 10:15:19

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:48 30:49   -3  1.002      54103       5808     19     47    306
321.8936 30:49 30:49   -2  1.002      71061       7517     29     72    259  0.76(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 24:53 29:30 -276  0.809       2088        282     19     47     15
321.8936 24:52 29:30 -277  0.809       2940        406     29     72     14  0.71(0.65-0.89)

319.8965 25:38 29:30 -231  0.833       1063        114     19     47      6
321.8936 25:37 29:30 -232  0.833       2479        360     29     72     12  0.43(0.65-0.89)

Empc Correction       1380        148     29     72      5

319.8965 26:16 29:30 -193  0.854       1251        222     19     47     12
321.8936 26:16 29:30 -193  0.854       2239        282     29     72     10  0.56(0.65-0.89)

Empc Correction       1624        288     29     72     10

319.8965 27:46 29:30 -103  0.903      13403       1589     19     47     84
321.8936 27:45 29:30 -104  0.902      16157       1868     29     72     64  0.83(0.65-0.89)

319.8965 28:14 29:30  -75  0.918       1011        236     19     47     12
321.8936 28:11 29:30  -78  0.917       1354        181     29     72      6  0.75(0.65-0.89) M

319.8965 28:30 29:30  -60  0.927        864        152     19     47      8 M
321.8936 28:33 29:30  -57  0.928       1112        175     29     72      6  0.78(0.65-0.89)

319.8965 28:46 29:30  -44  0.935       1483        195     19     47     10
Empc Correction        907        117     19     47      6

321.8936 28:38 29:30  -52  0.931       1179        153     29     72      5  1.26(0.65-0.89)

319.8965 29:27 29:30   -2  0.958       1044        165     19     47      9
321.8936 29:26 29:30   -3  0.957       1240        284     29     72     10  0.84(0.65-0.89)

319.8965 30:13 29:30   43  0.982       4202        615     19     47     32
Empc Correction       3522        443     19     47     23

321.8936 30:15 29:30   45  0.984       4575        576     29     72     20  0.92(0.65-0.89)
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 30:35 29:30   65  0.995       3527        424     19     47     22
Empc Correction       2250        397     19     47     21

321.8936 30:35 29:30   65  0.995       2923        516     29     72     18  1.21(0.65-0.89)

319.8965 31:55 29:30  145  1.038       4894        599     19     47     32 M
Empc Correction       3896        381     19     47     20

321.8936 31:54 29:30  144  1.037       5060        496     29     72     17  0.97(0.65-0.89)

319.8965 32:37 29:30  187  1.061        488        111     19     47      6
321.8936 32:36 29:30  186  1.060       1533        170     29     72      6  0.32(0.65-0.89)

Empc Correction        633        144     29     72      5

319.8965 34:04 29:30  274  1.108       1807        283     19     47     15
321.8936 34:01 29:30  271  1.106       2958        361     29     72     12  0.61(0.65-0.89)

Empc Correction       2346        367     29     72     13

2,3,7,8-TCDF
303.9016 28:49 28:51   -3  1.001     286637      30468     35     87    871
305.8987 28:49 28:51   -3  1.001     350598      35137     61    152    576  0.82(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 22:29 28:13 -344  0.781       1348        229     35     87      7
305.8987 22:28 28:13 -345  0.781       2504        413     61    152      7  0.54(0.65-0.89)

Empc Correction       1750        297     61    152      5

303.9016 23:22 28:13 -290  0.812       2074        227     35     87      6
Empc Correction        989        266     35     87      8

305.8987 23:21 28:13 -291  0.812       1285        346     61    152      6  1.61(0.65-0.89)

303.9016 23:48 28:13 -265  0.827       4947        743     35     87     21 M
305.8987 23:50 28:13 -263  0.828       5898        725     61    152     12  0.84(0.65-0.89)

303.9016 24:20 28:13 -233  0.845       6323        936     35     87     27
305.8987 24:20 28:13 -233  0.845       9607       1088     61    152     18  0.66(0.65-0.89)

303.9016 25:06 28:13 -187  0.872      15730       1815     35     87     52 M
305.8987 25:04 28:13 -189  0.871      17918       2106     61    152     35  0.88(0.65-0.89)

303.9016 25:48 28:13 -145  0.896      20023       2062     35     87     59 M
305.8987 25:46 28:13 -147  0.895      25377       2427     61    152     40  0.79(0.65-0.89)

303.9016 26:15 28:13 -118  0.912       3261        353     35     87     10 M
305.8987 26:15 28:13 -118  0.912       4803        724     61    152     12  0.68(0.65-0.89)

303.9016 26:29 28:13 -104  0.920       8761       1264     35     87     36
305.8987 26:27 28:13 -106  0.919      12312       1425     61    152     23  0.71(0.65-0.89)

303.9016 26:58 28:13  -76  0.937      12779       1749     35     87     50 M
Empc Correction      10631       1385     35     87     40

305.8987 26:58 28:13  -76  0.937      13807       1799     61    152     29  0.93(0.65-0.89)

303.9016 27:14 28:13  -59  0.946       2310        349     35     87     10
Empc Correction       1487        264     35     87      8

305.8987 27:14 28:13  -59  0.946       1932        343     61    152      6  1.20(0.65-0.89)

303.9016 27:43 28:13  -30  0.963     122656      14364     35     87    410
305.8987 27:43 28:13  -30  0.963     151237      17608     61    152    289  0.81(0.65-0.89)

303.9016 28:16 28:13    3  0.982       9567        790     35     87     23
Empc Correction       7990        612     35     87     17

305.8987 28:18 28:13    5  0.984      10377        795     61    152     13  0.92(0.65-0.89)

Page 250 of 2476



Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 30:03 28:13  109  1.044      21949       2433     35     87     70
305.8987 30:01 28:13  107  1.043      26573       2982     61    152     49  0.83(0.65-0.89)

303.9016 30:42 28:13  148  1.067       4673        468     35     87     13
305.8987 30:41 28:13  147  1.066       7155        605     61    152     10  0.65(0.65-0.89)

303.9016 32:48 28:13  274  1.140       9689       1013     35     87     29
305.8987 32:48 28:13  274  1.140      12292       1216     61    152     20  0.79(0.65-0.89)

303.9016 33:52 28:13  338  1.177      20393       2003     35     87     57
305.8987 33:50 28:13  336  1.176      25045       2542     61    152     42  0.81(0.65-0.89)

1,2,3,7,8-PeCDD RQM
355.8546 40:35 40:34    0  1.001       2846        687     20     50     34
357.8516 40:34 40:34   -1  1.000       2779        410     35     87     12  1.02(1.32-1.78) M

Empc Correction       1836        443     35     87     13

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 37:36 39:27 -111  0.927       9751       1527     20     50     76
Empc Correction       7342       1773     20     50     89

357.8516 37:36 39:27 -111  0.927       4737       1144     35     87     33  2.06(1.32-1.78)

355.8546 38:28 39:27  -59  0.949      15179       2834     20     50    142
357.8516 38:28 39:27  -59  0.949      10805       2164     35     87     62  1.40(1.32-1.78)

355.8546 39:10 39:27  -17  0.966       2959        654     20     50     33
357.8516 39:09 39:27  -18  0.966       4750        686     35     87     20  0.62(1.32-1.78)

Empc Correction       1909        421     35     87     12

355.8546 39:49 39:27   22  0.982       8262       1604     20     50     80
357.8516 39:50 39:27   23  0.983       5265        895     35     87     26  1.57(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 38:47 38:45    0  1.001      11798       1986     17     42    117 M
341.8567 38:45 38:45   -2  1.000       8462       1565     61    152     26  1.39(1.32-1.78) M

2,3,4,7,8-PeCDF RQ
339.8597 40:02 40:03   -1  1.000       9378       1907     17     42    112

Empc Correction       7917       1692     17     42    100
341.8567 40:02 40:03   -1  1.000       5108       1092     61    152     18  1.84(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF RQM

339.8597 34:41 38:02 -200  0.895      10772       1248     17     42     73
341.8567 34:39 38:02 -202  0.894       6911        872     61    152     14  1.56(1.32-1.78)

339.8597 37:16 38:02  -45  0.962      18048       2333     17     42    137
Empc Correction      15647       1920     17     42    113

341.8567 37:16 38:02  -45  0.962      10095       1239     61    152     20  1.79(1.32-1.78)

339.8597 38:09 38:02    7  0.984       8707        874     17     42     51 M
341.8567 38:09 38:02    7  0.984       6743        822     61    152     13  1.29(1.32-1.78) M

Empc Correction       5617        563     61    152      9

339.8597 39:18 38:02   77  1.014       3820        957     17     42     56
Empc Correction       3309        765     17     42     45

341.8567 39:17 38:02   75  1.014       2135        494     61    152      8  1.79(1.32-1.78)

339.8597 39:25 38:02   83  1.017       5551       1146     17     42     67
341.8567 39:25 38:02   83  1.017       3913        969     61    152     16  1.42(1.32-1.78)

339.8597 40:16 38:02  134  1.039       4459        720     17     42     42
341.8567 40:17 38:02  135  1.040       3732        409     61    152      7  1.19(1.32-1.78)

Empc Correction       2876        464     61    152      8
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

339.8597 41:22 38:02  200  1.068       1738        431     17     42     25
341.8567 41:22 38:02  200  1.068       2012        470     61    152      8  0.86(1.32-1.78)

Empc Correction       1121        278     61    152      5

1,2,3,4,7,8-HxCDD
389.8158 44:50 44:50    0  1.000       6000       1582     36     90     44
391.8127 44:49 44:50   -1  1.000       4588       1084     22     55     49  1.31(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:57 44:57    0  1.000      11545       2794     36     90     78
391.8127 44:56 44:57   -1  1.000       9671       1868     22     55     85  1.19(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:20 45:19   -1  1.011      19837       3781     36     90    105
391.8127 45:19 45:19   -2  1.011      17318       3033     22     55    138  1.15(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQ

389.8158 43:16 44:19  -63  0.963     205212      53975     36     90   1499
391.8127 43:16 44:19  -63  0.963     160983      42217     22     55   1919  1.27(1.05-1.43)

389.8158 43:50 44:19  -29  0.976      12150       2638     36     90     73
391.8127 43:50 44:19  -29  0.976       8717       1965     22     55     89  1.39(1.05-1.43)

389.8158 44:08 44:19  -12  0.982      72757      16737     36     90    465
391.8127 44:08 44:19  -12  0.982      52176      12298     22     55    559  1.39(1.05-1.43)

389.8158 44:18 44:19   -1  0.986       9908       2000     36     90     56
391.8127 44:18 44:19   -1  0.986       9624       1896     22     55     86  1.03(1.05-1.43)

Empc Correction       7990       1612     22     55     73

1,2,3,4,7,8-HxCDF
373.8208 43:48 43:49    0  1.000      24409       6101    128    320     48
375.8178 43:48 43:49    0  1.000      19701       4860    101    252     48  1.24(1.05-1.43)

1,2,3,6,7,8-HxCDF M
373.8208 43:56 43:55    0  1.000      12376       3262    128    320     25 M
375.8178 43:55 43:55   -1  1.000      10585       2407    101    252     24  1.17(1.05-1.43) M

2,3,4,6,7,8-HxCDF RQMa
373.8208 44:39 44:40   -1  1.000       2644        798    128    320      6 a
375.8178 44:40 44:40    0  1.000       3516        626    101    252      6  0.75(1.05-1.43) M

Empc Correction       2132        643    101    252      6

1,2,3,7,8,9-HxCDF
373.8208 45:36     128     320
375.8178 45:36     101     252

A Non-2,3,7,8-sub-HxCDF RQMa

373.8208 42:34 44:10  -95  0.969       7612       1999    128    320     16 a
Empc Correction       6006       1483    128    320     12

375.8178 42:34 44:10  -95  0.969       4844       1196    101    252     12  1.57(1.05-1.43)

373.8208 42:46 44:10  -84  0.973      24185       6567    128    320     51 a
375.8178 42:46 44:10  -84  0.973      18749       4874    101    252     48  1.29(1.05-1.43)

373.8208 43:09 44:10  -61  0.982       6571       1225    128    320     10 a
Empc Correction       5496        993    128    320      8

375.8178 43:09 44:10  -61  0.982       4433        801    101    252      8  1.48(1.05-1.43)

373.8208 43:21 44:10  -49  0.987      18216       4962    128    320     39 a
375.8178 43:21 44:10  -49  0.987      16220       4212    101    252     42  1.12(1.05-1.43)
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

373.8208 43:33 44:10  -37  0.992      19494       5910    128    320     46 a
375.8178 43:33 44:10  -37  0.992      15733       4352    101    252     43  1.24(1.05-1.43)

373.8208 44:29 44:10   19  1.013      10389       2115    128    320     17 M
375.8178 44:29 44:10   19  1.013       7839       1595    101    252     16  1.33(1.05-1.43)

1,2,3,4,6,7,8-HpCDD
423.7767 49:37 49:37    0  1.000     394150      68167     68    170   1002
425.7737 49:37 49:37    0  1.000     385254      64081     62    155   1034  1.02(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 48:27 49:03  -35  0.977     912011     167379     68    170   2461
425.7737 48:26 49:03  -36  0.977     873638     164845     62    155   2659  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDF M
407.7817 47:57 47:57   -1  1.000      58879      11991     92    230    130 M
409.7788 47:58 47:57    0  1.000      59703      11809     68    170    174  0.99(0.88-1.20) M

1,2,3,4,7,8,9-HpCDF
407.7817 50:17 50:17    0  1.000       6402       1022     92    230     11
409.7788 50:17 50:17    0  1.000       6579       1052     68    170     15  0.97(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF RQMa

407.7817 48:21 49:20  -58  1.008       8547       1314     92    230     14 a
Empc Correction       5667       1090     92    230     12

409.7788 48:20 49:20  -59  1.008       5450       1049     68    170     15  1.57(0.88-1.20)

407.7817 48:36 49:20  -44  1.013      61814      12243     92    230    133 M
409.7788 48:36 49:20  -44  1.013      60037      11999     68    170    176  1.03(0.88-1.20)

OCDD
457.7377 53:53 53:53   -1  1.000   11704267    2558704     16     40 159919
459.7348 53:53 53:53   -1  1.000   12977328    2763227     25     62 110529  0.90(0.76-1.02)

OCDF
441.7428 54:00 54:01   -2  1.000     332193      69378     14     35   4956
443.7399 54:00 54:01   -2  1.000     361128      76426     15     37   5095  0.92(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 30:45 30:45   -3  1.016     672223      66800    366    915    183
333.9338 30:46 30:45   -2  1.017     832960      89463    168    420    533  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:47 28:46   -2  0.951    1084472     126119   1336   3340     94
317.9389 28:47 28:46   -2  0.951    1332001     147265   1335   3337    110  0.81(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:33 40:30   -1  1.340     824998     178765    243    607    736
369.8919 40:33 40:30   -1  1.340     517922     111845    166    415    674  1.59(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:45 38:42   -1  1.281    1235178     233592    436   1090    536
353.8970 38:45 38:42   -1  1.281     793565     154809    399    997    388  1.56(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:01 39:58   -1  1.322    1244246     273320    436   1090    627
353.8970 40:01 39:58   -1  1.322     750346     167116    399    997    419  1.66(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:49 44:49    0  0.989     777257     200473    302    755    664
403.8529 44:49 44:49    0  0.989     609809     160645     93    232   1727  1.27(1.05-1.43)
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 44:56 44:56    0  0.992     895528     197888    302    755    655
403.8529 44:56 44:56    0  0.992     704657     155106     93    232   1668  1.27(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:47 43:47    0  0.966     665808     176026    519   1297    339
385.8610 43:47 43:47    0  0.966    1262891     341812    979   2447    349  0.53(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:55 43:56    0  0.969     819022     195811    519   1297    377
385.8610 43:55 43:56    0  0.969    1590625     377645    979   2447    386  0.51(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:39 44:39    0  0.985     770188     181307    519   1297    349
385.8610 44:39 44:39    0  0.985    1433079     325363    979   2447    332  0.54(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:35 45:35    0  1.006     701991     146642    519   1297    283
385.8610 45:35 45:35    0  1.006    1269656     271074    979   2447    277  0.55(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:36 49:36    0  1.095     701904     119619    228    570    525
437.8140 49:36 49:36    0  1.095     698697     125124    197    492    635  1.00(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:57 47:57    0  1.058     569815     111180    325    812    342
419.8220 47:56 47:57   -1  1.058    1178573     227758    563   1407    405  0.48(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:16    0  1.109     440347      76736    325    812    236
419.8220 50:16 50:16    0  1.109     934494     171799    563   1407    305  0.47(0.37-0.51)

13C-OCDD
469.7780 53:52 53:52   -1  1.189    1129885     244679    416   1040    588
471.7750 53:52 53:52   -1  1.189    1201363     259670    263    657    987  0.94(0.76-1.02)

13C-OCDF
453.7830 54:00 54:01   -1  1.192    1646656     352482    270    675   1305
455.7801 54:00 54:01   -1  1.192    1797171     384365    475   1187    809  0.92(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:48 30:48   -3  1.018     387099      38328    763   1907     50

13C-1,2,3,4-TCDD
331.9368 30:16 30:19   -3    1957342     215384    366    915    588
333.9338 30:16 30:19   -3    2425098     264752    168    420   1576  0.81(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:19 45:20   -1    2731539     585078    302    755   1937
403.8529 45:19 45:20   -1    2169771     473367     93    232   5090  1.26(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
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Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Inject. Date: 17-Dec-2019 06:03:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDD, RT: 29.485

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1505183          156263
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1505183          156263

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:53              2088               282              2940               406      0.1424 0.71
25:38              1063               114              2479               360      0.1003 0.43 RQ
25:38              1063               114              1380               148      0.0692 Empc Correction
26:16              1251               222              2239               282      0.0988 0.56 RQ
26:16              1251               222              1624               288      0.0814 Empc Correction
27:46             13403              1589             16157              1868      0.8369 0.83
28:14              1011               236              1354               181      0.0670 0.75 M
28:30               864               152              1112               175      0.0559 0.78 Ma
28:46              1483               195              1179               153      0.0754 1.26 RQ
28:46               907               117              1179               153      0.0591 Empc Correction
29:27              1044               165              1240               284      0.0647 0.84
30:13              4202               615              4575               576      0.2485 0.92 RQ
30:13              3522               443              4575               576      0.2292 Empc Correction
30:35              3527               424              2923               516      0.1826 1.21 RQ
30:35              2250               397              2923               516      0.1465 Empc Correction
31:55              4894               599              5060               496      0.2818 0.97 RQM
31:55              3896               381              5060               496      0.2536 Empc Correction
32:37               488               111              1533               170      0.0572 0.32 RQ
32:37               488               111               633               144      0.0317 Empc Correction
34:04              1807               283              2958               361      0.1349 0.61 RQ
34:04              1807               283              2346               367      0.1176 Empc Correction
Signal Totals:

            33594              4492             42523              5602
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            82874             10815 0.81 RQMa
            76117             10094 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.346 = (82874 * 50.000) / (1505183 * 1.173)
Empc Amount:          2.155 = (76117 * 50.000) / (1505183 * 1.173)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID

Page 257 of 2476



Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Inject. Date: 17-Dec-2019 06:03:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDF, RT: 28.214

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2416473          273384
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2416473          273384

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

22:29              1348               229              2504               413      0.0732 0.54 RQ
22:29              1348               229              1750               297      0.0589 Empc Correction
23:22              2074               227              1285               346      0.0639 1.61 RQ
23:22               989               266              1285               346      0.0432 Empc Correction
23:48              4947               743              5898               725      0.2062 0.84 M
24:20              6323               936              9607              1088      0.3029 0.66
25:06             15730              1815             17918              2106      0.6398 0.88 M
25:48             20023              2062             25377              2427      0.8633 0.79 M
26:15              3261               353              4803               724      0.1533 0.68 M
26:29              8761              1264             12312              1425      0.4007 0.71
26:58             12779              1749             13807              1799      0.5055 0.93 RQM
26:58             10631              1385             13807              1799      0.4647 Empc Correction
27:14              2310               349              1932               343      0.0807 1.20 RQ
27:14              1487               264              1932               343      0.0650 Empc Correction
27:43            122656             14364            151237             17608        5.21 0.81
28:16              9567               790             10377               795      0.3792 0.92 RQ
28:16              7990               612             10377               795      0.3493 Empc Correction
30:03             21949              2433             26573              2982      0.9227 0.83
30:42              4673               468              7155               605      0.2249 0.65
32:48              9689              1013             12292              1216      0.4180 0.79
33:52             20393              2003             25045              2542      0.8640 0.81
Signal Totals:

           260850             30210            327368             37028
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           594605             67942 0.81 RQM
           588218             67238 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         11.307 = (594605 * 50.000) / (2416473 * 1.088)
Empc Amount:         11.185 = (588218 * 50.000) / (2416473 * 1.088)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Inject. Date: 17-Dec-2019 06:03:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 9

Non-2,3,7,8-sub-PeCDD, RT: 39.441

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1342920          290610
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1342920          290610

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:36              9751              1527              4737              1144      0.5170 2.06 RQ
37:36              7342              1773              4737              1144      0.4310 Empc Correction
38:28             15179              2834             10805              2164      0.9272 1.40
39:10              2959               654              4750               686      0.2751 0.62 RQ
39:10              2959               654              1909               421      0.1737 Empc Correction
39:49              8262              1604              5265               895      0.4827 1.57
Signal Totals:

            33742              6865             22716              4624
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            61708             11508 1.41 RQ
            56458             11489 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.202 = (61708 * 50.000) / (1342920 * 1.043)
Empc Amount:          2.015 = (56458 * 50.000) / (1342920 * 1.043)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Inject. Date: 17-Dec-2019 06:03:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 9

Non-2,3,7,8-sub-PeCDF, RT: 38.019

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         2028743          388401
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1994592          440436
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         2011667          414418

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:41             10772              1248              6911               872      0.3823 1.56
37:16             18048              2333             10095              1239      0.6085 1.79 RQ
37:16             15647              1920             10095              1239      0.5565 Empc Correction
38:09              8707               874              6743               822      0.3340 1.29 RQM
38:09              8707               874              5617               563      0.3097 Empc Correction
39:18              3820               957              2135               494      0.1287 1.79 RQ
39:18              3309               765              2135               494      0.1177 Empc Correction
39:25              5551              1146              3913               969      0.2046 1.42
40:16              4459               720              3732               409      0.1771 1.19 RQ
40:16              4459               720              2876               464      0.1586 Empc Correction
41:22              1738               431              2012               470      0.0811 0.86 RQ
41:22              1738               431              1121               278      0.0618 Empc Correction
Signal Totals:

            50183              7104             32668              4879
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            88636             12984 1.49 RQM
            82851             11983 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.916 = (88636 * 50.000) / (2011667 * 1.150)
Empc Amount:          1.791 = (82851 * 50.000) / (2011667 * 1.150)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Inject. Date: 17-Dec-2019 06:03:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDD, RT: 44.311

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1387066          361118
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1600185          352994
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1493625          357056

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:16            205212             53975            160983             42217        10.5 1.27
43:50             12150              2638              8717              1965      0.5970 1.39
44:08             72757             16737             52176             12298        3.57 1.39
44:18              9908              2000              9624              1896      0.5588 1.03 RQ
44:18              9908              2000              7990              1612      0.5121 Empc Correction
Signal Totals:

           300027             75350            229866             58092
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           531527            133726 1.30 RQ
           529893            133442 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         15.207 = (531527 * 50.000) / (1493625 * 1.170)
Empc Amount:         15.160 = (529893 * 50.000) / (1493625 * 1.170)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Inject. Date: 17-Dec-2019 06:03:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDF, RT: 44.159

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1928699          517838
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         2409647          573456
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         2203267          506670
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1971647          417716
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         2128315          503920

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:34              7612              1999              4844              1196      0.2268 1.57 RQa
42:34              6006              1483              4844              1196      0.1975 Empc Correction
42:46             24185              6567             18749              4874      0.7816 1.29 a
43:09              6571              1225              4433               801      0.2003 1.48 RQa
43:09              5496               993              4433               801      0.1808 Empc Correction
43:21             18216              4962             16220              4212      0.6269 1.12 a
43:33             19494              5910             15733              4352      0.6413 1.24 a
44:29             10389              2115              7839              1595      0.3318 1.33 Ma
Signal Totals:

            83786             22030             67818             17030
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           154285             39808 1.27 RQMa
           151604             39060 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.809 = (154285 * 50.000) / (2128315 * 1.290)
Empc Amount:          2.760 = (151604 * 50.000) / (2128315 * 1.290)

Page 264 of 2476



Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Inject. Date: 17-Dec-2019 06:03:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1400601          244743
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1400601          244743

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:27            912011            167379            873638            164845        56.9 1.04
Signal Totals:

           912011            167379            873638            164845
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1785649            332224 1.04

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         56.894 = (1785649 * 50.000) / (1400601 * 1.120)
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Inject. Date: 17-Dec-2019 06:03:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDF, RT: 49.317

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1748388          338938
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1374841          248535
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1561614          293736

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:21              8547              1314              5450              1049      0.3113 1.57 RQa
48:21              5667              1090              5450              1049      0.2473 Empc Correction
48:36             61814             12243             60037             11999        2.71 1.03 Ma
Signal Totals:

            67481             13333             65487             13048
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           135848             26605 1.07 RQMa
           132968             26381 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.022 = (135848 * 50.000) / (1561614 * 1.440)
Empc Amount:          2.957 = (132968 * 50.000) / (1561614 * 1.440)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
TCDD
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TCDD Standards
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

0)

F1:m/z     319.8965

2,3,7,8-TCDD
          30.79

Non-2,3,7,8-sub-TCDD
          27.76

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

0)

F1:m/z     321.8936

2,3,7,8-TCDD
          30.81

Non-2,3,7,8-sub-TCDD
          27.74

TCDD Lock Mass
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
RT = 28.182 Area = 883
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Manual Integration Results
RT = 28.182 Area = 1354 M
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Reviewer: davidsonm, 17-Dec-2019 10:08:58
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:15:21 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 28.485 Area = 864
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Manual Integration Results
RT = 28.485 Area = 864
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Reviewer: davidsonm, 17-Dec-2019 10:09:43
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 31.903 Area = 3684
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Manual Integration Results
RT = 31.903 Area = 4894 M
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Reviewer: davidsonm, 17-Dec-2019 10:09:43
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Standards
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
TCDF
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          28.81
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TCDF Standards
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
TCDF
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TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

2

8

14

20

26

32

38

44

50

56

62

Y
 ( 

X
10

)

F1:m/z     375.8364 32.75

Page 278 of 2476



Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 23.787 Area = 4178
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Manual Integration Results
RT = 23.787 Area = 4947 M
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Reviewer: davidsonm, 17-Dec-2019 10:10:45
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 25.084 Area = 14199
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Manual Integration Results
RT = 25.084 Area = 15730 M
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Reviewer: davidsonm, 17-Dec-2019 10:10:45
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 25.791 Area = 16498
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Manual Integration Results
RT = 25.791 Area = 20023 M
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Reviewer: davidsonm, 17-Dec-2019 10:10:45
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 26.246 Area = 2867
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Manual Integration Results
RT = 26.246 Area = 3261 M
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Reviewer: davidsonm, 17-Dec-2019 10:10:45
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 26.953 Area = 10659
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Manual Integration Results
RT = 26.953 Area = 12779 M
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Reviewer: davidsonm, 17-Dec-2019 10:10:45
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
PeCDD
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  40.58
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Manual Integration Results
RT:  40.56
Area: 2779
Amount:    0.200719
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:11:46
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:15:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
PeCDF
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0
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X
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F2:m/z     339.8597

Non-2,3,7,8-sub-PeCDF
          37.26

2,3,4,7,8-PeCDF
          40.02

Non-2,3,7,8-sub-PeCDF
          34.68

Non-2,3,7,8-sub-PeCDF
          41.37
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1,2,3,7,8-PeCDF
          38.74

Non-2,3,7,8-sub-PeCDF
          37.26 2,3,4,7,8-PeCDF

          40.02
Non-2,3,7,8-sub-PeCDF
          34.64

Non-2,3,7,8-sub-PeCDF
          41.37

PeCDF Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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F2:m/z     313.9834
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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Y
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X
10

0)

F2:m/z     339.8597

Non-2,3,7,8-sub-PeCDF
          37.26

2,3,4,7,8-PeCDF
          40.02

Non-2,3,7,8-sub-PeCDF
          34.68

Non-2,3,7,8-sub-PeCDF
          41.37
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F2:m/z     341.8567

1,2,3,7,8-PeCDF
          38.74

Non-2,3,7,8-sub-PeCDF
          37.26 2,3,4,7,8-PeCDF

          40.02
Non-2,3,7,8-sub-PeCDF
          34.64

Non-2,3,7,8-sub-PeCDF
          41.37

PeCDF Interference Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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F2:m/z     409.7974 39.38

38.11

41.43

36.5735.47
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.78
Area: 12629
Amount:    0.452322
Amount Units: pg/ul
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Manual Integration Results
RT:  38.78
Area: 11798
Amount:    0.419676
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:12:15
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.74
Area: 9207
Amount:    0.452322
Amount Units: pg/ul
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Manual Integration Results
RT:  38.74
Area: 8462
Amount:    0.419676
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:12:17
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
RT = 38.141 Area = 4473
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Manual Integration Results
RT = 38.141 Area = 8707 M

37.5 37.7 37.9 38.1 38.3 38.5 38.7 38.9
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

Y
 ( 

X
10

0)

F2:m/z     339.8597

Reviewer: davidsonm, 17-Dec-2019 10:12:45
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.62- 41.42)
Signal: 2

Processing Integration Results
RT = 38.141 Area = 7047
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Manual Integration Results
RT = 38.141 Area = 6743 M
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Reviewer: davidsonm, 17-Dec-2019 10:12:31
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     389.8158
Non-2,3,7,8-sub-HxCDD
          43.26

Non-2,3,7,8-sub-HxCDD
          44.12

45.76
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          43.26

45.76
42.60 Non-2,3,7,8-sub-HxCDD

          44.12
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          45.30
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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F3:m/z     389.8158

Non-2,3,7,8-sub-HxCDD
          43.26

Non-2,3,7,8-sub-HxCDD
          44.12

45.76
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Non-2,3,7,8-sub-HxCDD
          43.26

45.76

42.60 Non-2,3,7,8-sub-HxCDD
          44.12

HxCDD Lock Mass
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F3:m/z     375.9802
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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F3:m/z     373.8208
Non-2,3,7,8-sub-HxCDF
          42.75 1,2,3,4,7,8-HxCDF

          43.80

1,2,3,6,7,8-HxCDF
          43.93
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Non-2,3,7,8-sub-HxCDF
          42.75
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          43.80

1,2,3,6,7,8-HxCDF
          43.92

HxCDF Standards
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13C-1,2,3,6,7,8-HxCDF
          43.92

13C-1,2,3,7,8,9-HxCDF
          45.57
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13C-1,2,3,7,8,9-HxCDF
          45.57
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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F3:m/z     373.8208

Non-2,3,7,8-sub-HxCDF
          42.75 1,2,3,4,7,8-HxCDF

          43.80

1,2,3,6,7,8-HxCDF
          43.93
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Non-2,3,7,8-sub-HxCDF
          42.75

1,2,3,4,7,8-HxCDF
          43.80

1,2,3,6,7,8-HxCDF
          43.92

HxCDF Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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27

36

45
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Y

F3:m/z     375.9802
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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F3:m/z     373.8208

Non-2,3,7,8-sub-HxCDF
          42.75 1,2,3,4,7,8-HxCDF

          43.80

1,2,3,6,7,8-HxCDF
          43.93

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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Non-2,3,7,8-sub-HxCDF
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1,2,3,4,7,8-HxCDF
          43.80

1,2,3,6,7,8-HxCDF
          43.92

HxCDF Interference Mass
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  43.93
Area: 13497
Amount:    0.422758
Amount Units: pg/ul
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Manual Integration Results
RT:  43.93
Area: 12376
Amount:    0.373315
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:13:18
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  43.92
Area: 12505
Amount:    0.422758
Amount Units: pg/ul
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Manual Integration Results
RT:  43.92
Area: 10585
Amount:    0.373315
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:13:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  44.67
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Manual Integration Results
RT:  44.64
Area: 2644
Amount:    0.110474
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:13:26
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  44.67
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Manual Integration Results
RT:  44.66
Area: 3516
Amount:    0.110474
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:13:29
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.54- 45.78)
Signal: 1

Processing Integration Results
RT = 44.474 Area = 10389
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Manual Integration Results
RT = 44.474 Area = 10389
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Reviewer: davidsonm, 17-Dec-2019 10:14:34
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
HpCDD
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
HpCDD
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HpCDD Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770

Page 305 of 2476



Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
HpCDF
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
HpCDF
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HpCDF Lock Mass
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Report Date: 17-Dec-2019 10:15:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
HpCDF
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HpCDF Interference Mass
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Report Date: 17-Dec-2019 10:15:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  47.96
Area: 61803
Amount:    2.359401
Amount Units: pg/ul
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Manual Integration Results
RT:  47.96
Area: 59703
Amount:    2.263246
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:14:51
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  47.94
Area: 61817
Amount:    2.359401
Amount Units: pg/ul
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Manual Integration Results
RT:  47.94
Area: 58879
Amount:    2.263246
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:14:54
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-2-A          Lab Sample ID: 140-17578-2              
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7817, RT: ( 47.80- 50.84)
Signal: 1

Processing Integration Results
RT = 48.584 Area = 61814
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Manual Integration Results
RT = 48.584 Area = 61814
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Reviewer: davidsonm, 17-Dec-2019 10:15:05
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 10:15:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
OCDD
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Report Date: 17-Dec-2019 10:15:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
OCDD
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Report Date: 17-Dec-2019 10:15:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
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Report Date: 17-Dec-2019 10:15:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min
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F5:m/z     441.7428
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53.8852.38 54.29 55.67

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
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F5:m/z     443.7399

OCDF
  54.00

53.8852.39 54.39 55.08

OCDF Lock Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min
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Y

F5:m/z     425.9770
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Report Date: 17-Dec-2019 10:15:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-2-a.d
Injection Date: 17-Dec-2019 06:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36126 Sample Line#: 9
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
)

F5:m/z     441.7428

OCDF
  54.00

53.8852.38 54.29 55.67

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
)

F5:m/z     443.7399

OCDF
  54.00

53.8852.39 54.39 55.08

OCDF Interference Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

2

7
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27

32
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X
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)

F5:m/z     513.677552.38

55.67
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-2

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-2-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  04:33

Low1(uL)

20(uL)

% Moisture: 32.5

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.5 0.5151207-31-9 2,3,7,8-TCDF 32

%RECCAS NO. LIMITSQISOTOPE DILUTION

58 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 09:05:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A          
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Sample Type: Client
Inject. Date: 18-Dec-2019 04:33:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-008
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:04:44 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:05:06

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:43     113441 0.85   1.2213       3.117       3.117   0.1226   0.1226
  2,3,7,8-TCDF 22:15     516627 0.79   1.1100        10.8        10.8   0.1734   0.1734
D 13C-2,3,7,8-TCDD 19:42    1489772 0.82   1.0031        32.6        32.6   0.5991   0.5991  65.16
D 13C-2,3,7,8-TCDF 22:12    2147764 0.77   1.6193        29.1        29.1   0.1808   0.1808  58.20
$ 37Cl4-2,3,7,8-TCDD 19:43     374851   1.1834       6.949       6.949   0.2026   0.2026  69.49

* 13C-1,2,3,4-TCDD 20:09    4558234 0.80  1.6E+05       100.0       100.0
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Report Date: 18-Dec-2019 09:05:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-2-a.d
Lims ID: 140-17578-A-2-A          
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Sample Type: Client
Inject. Date: 18-Dec-2019 04:33:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-008
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:04:44 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:05:06

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:43 19:42    0  1.001      52128       7647    142    355     54
321.8936 19:43 19:42    0  1.001      61313       9369    138    345     68  0.85(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:15 22:14    0  1.002     228715      30593    203    507    151
305.8987 22:14 22:14   -1  1.002     287912      36555    245    612    149  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:42 19:41    0  0.977     672351     106564    904   2260    118
333.9338 19:42 19:41    0  0.977     817421     127274    760   1900    167  0.82(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:12 22:13   -1  1.102     937710     121301    343    857    354
317.9389 22:12 22:13   -1  1.102    1210054     169688    468   1170    363  0.77(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:43 19:42    0  0.978     374851      59523    664   1660     90

13C-1,2,3,4-TCDD
331.9368 20:09 20:09    0    2025949     308266    904   2260    341
333.9338 20:09 20:09    0    2532285     384004    760   1900    505  0.80(0.65-0.89)
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Report Date: 18-Dec-2019 09:05:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-2-a.d
Injection Date: 18-Dec-2019 04:33:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36167 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 09:05:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-2-a.d
Injection Date: 18-Dec-2019 04:33:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36167 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
)

F1:m/z     305.8987
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TCDF Lock Mass
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Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 09:05:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-2-a.d
Injection Date: 18-Dec-2019 04:33:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(1-2)
Worklist#: 36167 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
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TCDF Interference Mass
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-3

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-3-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:40

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  07:04

Low1(uL)

20(uL)

% Moisture: 42.3

Sample wt/vol: 9.76(g)

N

Analysis Batch No.: 36126 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.8 0.151746-01-6 2,3,7,8-TCDD 75

1.8 0.15B q41903-57-5 Total TCDD 92

8.9 0.27J40321-76-4 1,2,3,7,8-PeCDD 1.5

8.9 0.27q36088-22-9 Total PeCDD 11

8.9 0.093J39227-28-6 1,2,3,4,7,8-HxCDD 1.4

8.9 0.091J57653-85-7 1,2,3,6,7,8-HxCDD 2.6

8.9 0.086J19408-74-3 1,2,3,7,8,9-HxCDD 4.8

8.9 0.090B34465-46-8 Total HxCDD 80

8.9 0.14B35822-46-9 1,2,3,4,6,7,8-HpCDD 110

8.9 0.14B37871-00-4 Total HpCDD 370

18 0.11B3268-87-9 OCDD 3600

1.8 0.15I B q30402-14-3 Total TCDF 540

8.9 0.088J57117-41-6 1,2,3,7,8-PeCDF 6.9

8.9 0.084J57117-31-4 2,3,4,7,8-PeCDF 5.2

8.9 0.086I q30402-15-4 Total PeCDF 27

8.9 0.1870648-26-9 1,2,3,4,7,8-HxCDF 10

8.9 0.17J57117-44-9 1,2,3,6,7,8-HxCDF 3.2

8.9 0.18J60851-34-5 2,3,4,6,7,8-HxCDF 0.59

8.9 0.24J q72918-21-9 1,2,3,7,8,9-HxCDF 0.34

8.9 0.19I q55684-94-1 Total HxCDF 29

8.9 0.17B67562-39-4 1,2,3,4,6,7,8-HpCDF 13

8.9 0.27J B55673-89-7 1,2,3,4,7,8,9-HpCDF 2.2

8.9 0.22B q38998-75-3 Total HpCDF 29

18 0.60B39001-02-0 OCDF 93

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-3

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-3-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:40

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  07:04

Low1(uL)

20(uL)

% Moisture: 42.3

Sample wt/vol: 9.76(g)

N

Analysis Batch No.: 36126 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

63 25-16476523-40-5 13C-2,3,7,8-TCDD

69 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

65 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

68 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

69 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

66 17-157114423-97-1 13C-OCDD

64 24-16989059-46-1 13C-2,3,7,8-TCDF

67 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

66 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

66 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

66 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

67 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

66 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

67 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

65 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

68 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

72 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A          
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Sample Type: Client
Inject. Date: 17-Dec-2019 07:04:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-010
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 10:23:22 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 10:23:22

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:50     801718 0.80   1.1733        21.2        21.2   0.0428   0.0428
A Non-2,3,7,8-sub-TCDD 29:30     178446 0.77   1.1733       4.844       4.722   0.0428    2.042  RQMa
S Total TCDD        26.1        25.9   0.0428   0.0428  RQ

  2,3,7,8-TCDF 28:50    4990607 0.80   1.0881        85.1        85.1   0.0426   0.0426
A Non-2,3,7,8-sub-TCDF 28:13    3890266 0.77   1.0881        66.5        66.3   0.0426     35.0  RQM
S Total TCDF       151.6       151.4   0.0426   0.0426  RQ

  1,2,3,7,8-PeCDD 40:35      13113 1.36   1.0434      0.4337      0.4337   0.0772   0.0772  M
A Non-2,3,7,8-sub-PeCDD 39:27      79122 1.55   1.0434       2.889       2.617   0.0772   0.9503  RQMa
S Total PeCDD       3.323       3.051   0.0772   0.0772  RQ

  1,2,3,7,8-PeCDF 38:47     101407 1.70   1.1898       1.942       1.942   0.0248   0.0248  M
  2,3,4,7,8-PeCDF 40:02      71237 1.56   1.1095       1.456       1.456   0.0235   0.0235
A Non-2,3,7,8-sub-PeCDF 38:02     216438 1.55   1.1496       4.465       4.278   0.0241    1.401  RQMa
S Total PeCDF       7.862       7.676   0.0241   0.0241  RQ

  1,2,3,4,7,8-HxCDD 44:50      13497 1.30   1.1409      0.3899      0.3899   0.0260   0.0260
  1,2,3,6,7,8-HxCDD 44:57      27244 1.24   1.1481      0.7197      0.7197   0.0256   0.0256
  1,2,3,7,8,9-HxCDD 45:19      52654 1.33   1.2212       1.362       1.362   0.0242   0.0242
A Non-2,3,7,8-sub-HxCDD 44:19     739296 1.26   1.1700        20.0        20.0   0.0252     14.0
S Total HxCDD        22.4        22.4   0.0253   0.0253

  1,2,3,4,7,8-HxCDF 43:48     163279 1.22   1.3629       2.891       2.891   0.0514   0.0514  M
  1,2,3,6,7,8-HxCDF 43:56      59548 1.26   1.2762      0.9111      0.9111   0.0474   0.0474  M
  2,3,4,6,7,8-HxCDF 44:39       9835 1.40   1.2654      0.1665      0.1665   0.0515   0.0515  M
  1,2,3,7,8,9-HxCDF 45:35       5048 1.24   1.2573      0.1143      0.0963   0.0672   0.0672  RQMa
A Non-2,3,7,8-sub-HxCDF 44:10     239601 1.24   1.2905       4.170       4.102   0.0535    1.208  RQMa
S Total HxCDF       8.253       8.167   0.0544   0.0544  RQ

  1,2,3,4,6,7,8-HpCDD 49:38    1014810 1.06   1.1204        30.5        30.5   0.0399   0.0399
A Non-2,3,7,8-sub-HpCDD 49:03    2492652 1.03   1.1204        75.0        75.0   0.0399     75.0
S Total HpCDD       105.5       105.5   0.0399   0.0399

  1,2,3,4,6,7,8-HpCDF 47:57     196960 1.04   1.4984       3.556       3.556   0.0472   0.0472
  1,2,3,4,7,8,9-HpCDF 50:17      26694 1.10   1.3807      0.6313      0.6313   0.0754   0.0754  M
A Non-2,3,7,8-sub-HpCDF 49:20     191343 1.04   1.4395       3.993       3.933   0.0585    3.552  RQa
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       8.180       8.120   0.0613   0.0613  RQ

  OCDD 53:52   30118549 0.91   1.2073      1013.4      1013.4   0.0301   0.0301
  OCDF 54:01    1111402 0.90   1.1162        26.0        26.0   0.1688   0.1688
D 13C-2,3,7,8-TCDD 30:47    1610503 0.76   1.0709        31.3        31.3   0.2268   0.2268  62.70
D 13C-2,3,7,8-TCDF 28:48    2694885 0.81   1.7545        32.0        32.0   0.1890   0.1890  64.04
D 13C-1,2,3,7,8-PeCDD 40:33    1448861 1.61   0.8743        34.5        34.5   0.2811   0.2811  69.09
D 13C-1,2,3,7,8-PeCDF 38:46    2194817 1.54   1.3704        33.4        33.4   0.3947   0.3947  66.77
D 13C-2,3,4,7,8-PeCDF 40:01    2205543 1.58   1.3837        33.2        33.2   0.3909   0.3909  66.45
D 13C-1,2,3,4,7,8-HxCDD 44:49    1517288 1.33   0.8772        32.7        32.7   0.1064   0.1064  65.34
D 13C-1,2,3,6,7,8-HxCDD 44:56    1648613 1.27   0.9171        34.0        34.0   0.1018   0.1018  67.91
D 13C-1,2,3,4,7,8-HxCDF 43:48    2072127 0.54   1.1892        32.9        32.9   0.2048   0.2048  65.83
D 13C-1,2,3,6,7,8-HxCDF 43:55    2560693 0.53   1.4625        33.1        33.1   0.1666   0.1666  66.15
D 13C-2,3,4,6,7,8-HxCDF 44:38    2334692 0.52   1.3197        33.4        33.4   0.1846   0.1846  66.83
D 13C-1,2,3,7,8,9-HxCDF 45:35    2084108 0.54   1.2001        32.8        32.8   0.2030   0.2030  65.60
D 13C-1,2,3,4,6,7,8-HpCDD 49:36    1484003 1.10   0.8155        34.4        34.4   0.1431   0.1431  68.75
D 13C-1,2,3,4,6,7,8-HpCDF 47:56    1848413 0.47   1.0496        33.3        33.3   0.1639   0.1639  66.53
D 13C-1,2,3,4,7,8,9-HpCDF 50:16    1531144 0.46   0.8947        32.3        32.3   0.1923   0.1923  64.65
D 13C-OCDD 53:51    2461835 0.93   0.7044        66.0        66.0   0.3357   0.3357  66.02
D 13C-OCDF 54:00    3823240 0.89   1.0615        68.0        68.0   0.1769   0.1769  68.04
$ 37Cl4-2,3,7,8-TCDD 30:50     425825   1.2266       7.237       7.237   0.1271   0.1271  72.37

* 13C-1,2,3,4-TCDD 30:17    4797106 0.82  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:19    5294088 1.29    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A          
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Sample Type: Client
Inject. Date: 17-Dec-2019 07:04:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-010
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 10:23:22 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 10:23:22

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:50 30:49   -1  1.002     356175      37592     32     80   1175
321.8936 30:50 30:49   -1  1.002     445543      48331     35     87   1381  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 24:58 29:30 -272  0.811       3076        496     32     80     16 M
Empc Correction       2524        384     32     80     12

321.8936 24:53 29:30 -276  0.809       3278        500     35     87     14  0.94(0.65-0.89)

319.8965 25:37 29:30 -232  0.832       2765        411     32     80     13
Empc Correction       1792        332     32     80     10

321.8936 25:38 29:30 -231  0.833       2328        432     35     87     12  1.19(0.65-0.89)

319.8965 26:16 29:30 -193  0.853       1947        239     32     80      7 M
321.8936 26:15 29:30 -195  0.000     35     87  0.00(0.65-0.89)

319.8965 27:47 29:30 -102  0.903      18777       2297     32     80     72
321.8936 27:47 29:30 -102  0.903      25132       3063     35     87     88  0.75(0.65-0.89)

319.8965 28:19 29:30  -71  0.920       2079        212     32     80      7
321.8936 28:19 29:30  -71  0.920       2532        258     35     87      7  0.82(0.65-0.89) M

319.8965 28:47 29:30  -43  0.935       2331        297     32     80      9
Empc Correction       1285        184     32     80      6

321.8936 28:45 29:30  -45  0.934       1670        239     35     87      7  1.40(0.65-0.89)

319.8965 30:17 29:30   47  0.984       5407        725     32     80     23
Empc Correction       4608        552     32     80     17

321.8936 30:15 29:30   45  0.982       5985        717     35     87     20  0.90(0.65-0.89)

319.8965 30:34 29:30   64  0.993       6506       1207     32     80     38 a
321.8936 30:37 29:30   67  0.995       9845       1162     35     87     33  0.66(0.65-0.89)

319.8965 31:55 29:30  145  1.037      32556       3157     32     80     99
321.8936 31:54 29:30  144  1.036      44620       4316     35     87    123  0.73(0.65-0.89)
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 32:49 29:30  199  1.066       2332        238     32     80      7 M
321.8936 32:47 29:30  197  1.065       3255        309     35     87      9  0.72(0.65-0.89)

319.8965 34:00 29:30  270  1.104       2347        350     32     80     11
321.8936 34:00 29:30  270  1.104       4279        480     35     87     14  0.55(0.65-0.89)

Empc Correction       3048        454     35     87     13

2,3,7,8-TCDF
303.9016 28:50 28:51   -2  1.001    2216609     232654     49    122   4748
305.8987 28:50 28:51   -2  1.001    2773998     290891     65    162   4475  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 22:29 28:13 -344  0.781       2556        380     49    122      8
305.8987 22:31 28:13 -342  0.782       3040        514     65    162      8  0.84(0.65-0.89)

303.9016 23:23 28:13 -290  0.812       3540        470     49    122     10
305.8987 23:23 28:13 -290  0.812       4148        747     65    162     11  0.85(0.65-0.89)

303.9016 23:49 28:13 -264  0.827       8531       1171     49    122     24
Empc Correction       6790        964     49    122     20

305.8987 23:52 28:13 -261  0.829       8819       1252     65    162     19  0.97(0.65-0.89)

303.9016 24:21 28:13 -232  0.846      23893       3504     49    122     72
Empc Correction      20261       2815     49    122     57

305.8987 24:20 28:13 -233  0.845      26314       3657     65    162     56  0.91(0.65-0.89)

303.9016 24:39 28:13 -214  0.856       4461        514     49    122     10
305.8987 24:36 28:13 -217  0.854       6108        742     65    162     11  0.73(0.65-0.89)

303.9016 25:05 28:13 -188  0.871      89635      10923     49    122    223
305.8987 25:05 28:13 -188  0.871     116370      14412     65    162    222  0.77(0.65-0.89)

303.9016 25:48 28:13 -145  0.896     117289      12697     49    122    259 M
305.8987 25:48 28:13 -145  0.896     151141      15043     65    162    231  0.78(0.65-0.89)

303.9016 26:17 28:13 -116  0.913      19471       2577     49    122     53
305.8987 26:16 28:13 -117  0.912      25447       3265     65    162     50  0.77(0.65-0.89)

303.9016 26:27 28:13 -106  0.919      56661       7332     49    122    150
305.8987 26:27 28:13 -106  0.919      66948       7986     65    162    123  0.85(0.65-0.89)

303.9016 26:59 28:13  -74  0.937      82882       9722     49    122    198
305.8987 27:00 28:13  -73  0.937     105760      13012     65    162    200  0.78(0.65-0.89)

303.9016 27:15 28:13  -58  0.946      12351       1300     49    122     27
Empc Correction       9250       1278     49    122     26

305.8987 27:15 28:13  -58  0.946      12014       1660     65    162     26  1.03(0.65-0.89)

303.9016 27:45 28:13  -28  0.964     911315     106638     49    122   2176
305.8987 27:44 28:13  -29  0.963    1141819     136782     65    162   2104  0.80(0.65-0.89)

303.9016 28:22 28:13    8  0.985      51240       5487     49    122    112
305.8987 28:21 28:13    7  0.984      67683       7045     65    162    108  0.76(0.65-0.89)

303.9016 30:02 28:13  108  1.043     145739      15338     49    122    313
305.8987 30:02 28:13  108  1.043     183822      19304     65    162    297  0.79(0.65-0.89)

303.9016 30:43 28:13  149  1.067      28972       3361     49    122     69
305.8987 30:41 28:13  147  1.066      39208       3352     65    162     52  0.74(0.65-0.89)

303.9016 32:48 28:13  274  1.139      15963       1959     49    122     40
305.8987 32:48 28:13  274  1.139      20053       2039     65    162     31  0.80(0.65-0.89)
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 33:52 28:13  338  1.176     150184      16565     49    122    338
305.8987 33:52 28:13  338  1.176     195363      19724     65    162    303  0.77(0.65-0.89)

1,2,3,7,8-PeCDD M
355.8546 40:35 40:34    0  1.001       7567       1694     32     80     53
357.8516 40:34 40:34   -1  1.000       5546        934    177    442      5  1.36(1.32-1.78) M

A Non-2,3,7,8-sub-PeCDD RQMa

355.8546 37:36 39:27 -111  0.927      14359       2249     32     80     70 a
Empc Correction      10561       2018     32     80     63

357.8516 37:38 39:27 -108  0.928       6814       1302    177    442      7  2.11(1.32-1.78)

355.8546 38:27 39:27  -60  0.948      20605       4090     32     80    128 a
Empc Correction      17465       3430     32     80    107

357.8516 38:28 39:27  -59  0.949      11268       2213    177    442     13  1.83(1.32-1.78)

355.8546 39:09 39:27  -18  0.966       4168        803     32     80     25 M
357.8516 39:08 39:27  -19  0.965       3668        606    177    442      3  1.14(1.32-1.78)

Empc Correction       2689        518    177    442      3

355.8546 39:51 39:27   24  0.983      14624       2064     32     80     65 M
357.8516 39:49 39:27   22  0.982       8218       1119    177    442      6  1.78(1.32-1.78)

355.8546 41:15 39:27  107  1.017       2015        392     32     80     12 M
357.8516 41:15 39:27  107  1.017       1608        457    177    442      3  1.25(1.32-1.78)

Empc Correction       1300        252    177    442      1

1,2,3,7,8-PeCDF M
339.8597 38:47 38:47   -1  1.000      63808      12138     70    175    173 M
341.8567 38:47 38:47   -1  1.000      37599       7221     30     75    241  1.70(1.32-1.78) M

2,3,4,7,8-PeCDF
339.8597 40:02 40:03   -1  1.000      43393       9594     70    175    137
341.8567 40:02 40:03   -1  1.000      27844       6435     30     75    215  1.56(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 34:42 38:02 -199  0.895      15028       1876     70    175     27
341.8567 34:41 38:02 -200  0.895       9743       1087     30     75     36  1.54(1.32-1.78) M

339.8597 37:16 38:02  -46  0.961      42793       5933     70    175     85
341.8567 37:17 38:02  -45  0.962      28062       3574     30     75    119  1.52(1.32-1.78)

339.8597 37:35 38:02  -26  0.970       1820        304     70    175      4
341.8567 37:35 38:02  -26  0.970       3063        343     30     75     11  0.59(1.32-1.78) M

Empc Correction       1174        196     30     75      7

339.8597 38:08 38:02    7  0.984      15117       1604     70    175     23
341.8567 38:08 38:02    7  0.984      12399       1448     30     75     48  1.22(1.32-1.78) M

Empc Correction       9752       1034     30     75     34

339.8597 38:40 38:02   39  0.998       3534       1491     70    175     21 M
341.8567 38:41 38:02   40  0.998       3031       1059     30     75     35  1.17(1.32-1.78)

Empc Correction       2280        961     30     75     32

339.8597 38:57 38:02   55  1.005       1251        292     70    175      4 M
341.8567 38:56 38:02   54  1.004       1001        281     30     75      9  1.25(1.32-1.78)

Empc Correction        807        188     30     75      6

339.8597 39:03 38:02   61  1.008       2510        485     70    175      7
341.8567 39:04 38:02   62  1.008       2072        392     30     75     13  1.21(1.32-1.78)

Empc Correction       1619        312     30     75     10
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

339.8597 39:19 38:02   77  1.014      24850       3587     70    175     51
341.8567 39:18 38:02   76  1.014      17684       2548     30     75     85  1.41(1.32-1.78) M

339.8597 40:17 38:02  135  1.039      13709       2208     70    175     32
341.8567 40:16 38:02  134  1.039      10245       1618     30     75     54  1.34(1.32-1.78)

339.8597 41:27 38:02  205  1.069       8790       1269     70    175     18 M
341.8567 41:27 38:02  205  1.069       9176       1126     30     75     38  0.96(1.32-1.78)

Empc Correction       5670        818     30     75     27

1,2,3,4,7,8-HxCDD
389.8158 44:50 44:50   -1  1.000       7619       1577     46    115     34
391.8127 44:50 44:50   -1  1.000       5878       1487     45    112     33  1.30(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:57 44:57   -1  1.000      15082       3185     46    115     69
391.8127 44:57 44:57   -1  1.000      12162       2796     45    112     62  1.24(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:19 45:19   -2  1.011      30025       5117     46    115    111
391.8127 45:19 45:19   -2  1.011      22629       3941     45    112     88  1.33(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD

389.8158 43:16 44:19  -63  0.963     288039      78533     46    115   1707
391.8127 43:16 44:19  -63  0.963     230897      61447     45    112   1365  1.25(1.05-1.43)

389.8158 43:51 44:19  -28  0.976      13901       2931     46    115     64
391.8127 43:50 44:19  -29  0.976      11566       3026     45    112     67  1.20(1.05-1.43)

389.8158 44:07 44:19  -12  0.982      94126      21711     46    115    472
391.8127 44:07 44:19  -12  0.982      72048      17106     45    112    380  1.31(1.05-1.43)

389.8158 44:18 44:19   -1  0.986      16172       3802     46    115     83
391.8127 44:18 44:19   -1  0.986      12547       3347     45    112     74  1.29(1.05-1.43)

1,2,3,4,7,8-HxCDF M
373.8208 43:48 43:48   -1  1.000      89836      21767    202    505    108
375.8178 43:48 43:48   -1  1.000      73443      18499     97    242    191  1.22(1.05-1.43) M

1,2,3,6,7,8-HxCDF M
373.8208 43:56 43:56   -1  1.000      33213       8239    202    505     41 M
375.8178 43:56 43:56   -1  1.000      26335       6624     97    242     68  1.26(1.05-1.43)

2,3,4,6,7,8-HxCDF M
373.8208 44:39 44:39   -1  1.000       5729       1565    202    505      8 M
375.8178 44:39 44:39   -1  1.000       4106       1177     97    242     12  1.40(1.05-1.43) M

1,2,3,7,8,9-HxCDF RQMa
373.8208 45:35 45:35   -1  1.000       3736        733    202    505      4 M

Empc Correction       2794        606    202    505      3
375.8178 45:36 45:35    0  1.000       2254        489     97    242      5  1.66(1.05-1.43) a

A Non-2,3,7,8-sub-HxCDF RQMa

373.8208 42:35 44:10  -95  0.970      10026       2783    202    505     14
375.8178 42:34 44:10  -96  0.969       8770       2127     97    242     22  1.14(1.05-1.43)

373.8208 42:45 44:10  -85  0.973      39940      10500    202    505     52
375.8178 42:45 44:10  -85  0.973      30629       7907     97    242     82  1.30(1.05-1.43)

373.8208 43:08 44:10  -62  0.982       5974       1809    202    505      9
375.8178 43:09 44:10  -61  0.983       5376       1397     97    242     14  1.11(1.05-1.43) M
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

373.8208 43:21 44:10  -49  0.987      30429       8278    202    505     41
375.8178 43:20 44:10  -50  0.987      22269       6016     97    242     62  1.37(1.05-1.43)

373.8208 43:34 44:10  -36  0.992      27593       7776    202    505     38 M
375.8178 43:34 44:10  -36  0.992      23536       6545     97    242     67  1.17(1.05-1.43)

373.8208 44:29 44:10   19  1.013      14012       2954    202    505     15
375.8178 44:29 44:10   19  1.013      10428       2007     97    242     21  1.34(1.05-1.43)

373.8208 45:43 44:10   93  1.041       9847       1630    202    505      8
Empc Correction       5878       1562    202    505      8

375.8178 45:43 44:10   93  1.041       4741       1260     97    242     13  2.08(1.05-1.43)

1,2,3,4,6,7,8-HpCDD
423.7767 49:38 49:37    0  1.001     521367      87834     32     80   2745
425.7737 49:37 49:37   -1  1.000     493443      83101     62    155   1340  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 48:27 49:03  -36  0.977    1267614     247525     32     80   7735
425.7737 48:27 49:03  -36  0.977    1225038     238503     62    155   3847  1.03(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 47:57 47:57   -1  1.000     100617      20433    103    257    198
409.7788 47:57 47:57   -1  1.000      96343      20449    113    282    181  1.04(0.88-1.20)

1,2,3,4,7,8,9-HpCDF M
407.7817 50:17 50:16    0  1.000      13971       2503    103    257     24 M
409.7788 50:16 50:16   -1  1.000      12723       2078    113    282     18  1.10(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDF RQa

407.7817 48:21 49:20  -59  1.008      12377       1876    103    257     18 a
Empc Correction       9452       1717    103    257     17

409.7788 48:21 49:20  -59  1.008       9089       1651    113    282     15  1.36(0.88-1.20)

407.7817 48:35 49:20  -45  1.013      90894      18347    103    257    178 a
409.7788 48:35 49:20  -45  1.013      81908      17189    113    282    152  1.11(0.88-1.20)

OCDD
457.7377 53:52 53:53   -1  1.000   14351022    3292810     33     82  99782
459.7348 53:52 53:53   -1  1.000   15767527    3671399     48    120  76487  0.91(0.76-1.02)

OCDF
441.7428 54:01 54:01   -1  1.000     526330     116694    309    772    378
443.7399 54:01 54:01   -1  1.000     585072     129980    354    885    367  0.90(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 30:47 30:45   -1  1.017     695423      73082    298    745    245
333.9338 30:46 30:45   -2  1.016     915080      93204    208    520    448  0.76(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:48 28:46   -1  0.951    1207739     134838    243    607    555
317.9389 28:48 28:46   -1  0.951    1487146     172425    448   1120    385  0.81(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:33 40:30   -1  1.339     894771     201397    339    847    594
369.8919 40:33 40:30   -1  1.339     554090     122580    173    432    709  1.61(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:46 38:42   -1  1.280    1330860     258124    843   2107    306
353.8970 38:46 38:42   -1  1.280     863957     166353    284    710    586  1.54(1.32-1.78)
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF
351.9000 40:01 39:58   -1  1.322    1349673     295049    843   2107    350
353.8970 40:01 39:58   -1  1.322     855870     183784    284    710    647  1.58(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:49 44:49   -1  0.989     866188     215056    249    622    864
403.8529 44:49 44:49   -1  0.989     651100     166876    196    490    851  1.33(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:56 44:56   -1  0.991     923810     214417    249    622    861
403.8529 44:56 44:56   -1  0.991     724803     172335    196    490    879  1.27(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:48 43:47    0  0.966     729837     188469    503   1257    375
385.8610 43:48 43:47    0  0.966    1342290     344645    658   1645    524  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:55 43:56   -1  0.969     885719     215636    503   1257    429
385.8610 43:55 43:56   -1  0.969    1674974     402118    658   1645    611  0.53(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:38 44:39   -1  0.985     801106     194966    503   1257    388
385.8610 44:38 44:39   -1  0.985    1533586     377632    658   1645    574  0.52(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:35 45:35    0  1.006     731209     155089    503   1257    308
385.8610 45:35 45:35    0  1.006    1352899     286638    658   1645    436  0.54(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:36 49:36   -1  1.094     777661     137731    236    590    584
437.8140 49:36 49:36   -1  1.094     706342     124855    320    800    390  1.10(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:56 47:57   -1  1.058     589991     122123    341    852    358
419.8220 47:56 47:57   -1  1.058    1258422     259830    479   1197    542  0.47(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:16    0  1.109     481535      79235    341    852    232
419.8220 50:15 50:16   -1  1.109    1049609     180277    479   1197    376  0.46(0.37-0.51)

13C-OCDD
469.7780 53:51 53:52   -1  1.188    1184143     265634    707   1767    376
471.7750 53:51 53:52   -1  1.188    1277692     290098    420   1050    691  0.93(0.76-1.02)

13C-OCDF
453.7830 54:00 54:01   -1  1.192    1795165     413464    509   1272    812
455.7801 54:00 54:01   -1  1.192    2028075     465960    386    965   1207  0.89(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:50 30:48   -1  1.018     425825      44995    325    812    138

13C-1,2,3,4-TCDD
331.9368 30:17 30:19   -2    2159097     233108    298    745    782
333.9338 30:16 30:19   -3    2638009     287670    208    520   1383  0.82(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:19 45:20   -1    2981532     662637    249    622   2661
403.8529 45:19 45:20   -1    2312556     528640    196    490   2697  1.29(1.05-1.43)
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Inject. Date: 17-Dec-2019 07:04:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDD, RT: 29.485

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1610503          166286
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1610503          166286

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:58              3076               496              3278               500      0.1681 0.94 RQM
24:58              2524               384              3278               500      0.1535 Empc Correction
25:37              2765               411              2328               432      0.1348 1.19 RQ
25:37              1792               332              2328               432      0.1090 Empc Correction
26:16              1947               239                 0                 0      0.0515 0.00 M
27:47             18777              2297             25132              3063        1.16 0.75
28:19              2079               212              2532               258      0.1220 0.82 M
28:47              2331               297              1670               239      0.1059 1.40 RQ
28:47              1285               184              1670               239      0.0782 Empc Correction
30:17              5407               725              5985               717      0.3014 0.90 RQ
30:17              4608               552              5985               717      0.2803 Empc Correction
30:34              6506              1207              9845              1162      0.4327 0.66 a
31:55             32556              3157             44620              4316        2.04 0.73
32:49              2332               238              3255               309      0.1478 0.72 M
34:00              2347               350              4279               480      0.1753 0.55 RQ
34:00              2347               350              3048               454      0.1428 Empc Correction
Signal Totals:

            76753              9152            101693             11450
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           183047             21105 0.78 RQMa
           178446             20602 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.844 = (183047 * 50.000) / (1610503 * 1.173)
Empc Amount:          4.722 = (178446 * 50.000) / (1610503 * 1.173)
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Inject. Date: 17-Dec-2019 07:04:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDF, RT: 28.214

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2694885          307263
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2694885          307263

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

22:29              2556               380              3040               514      0.0954 0.84
23:23              3540               470              4148               747      0.1311 0.85
23:49              8531              1171              8819              1252      0.2958 0.97 RQ
23:49              6790               964              8819              1252      0.2661 Empc Correction
24:21             23893              3504             26314              3657      0.8561 0.91 RQ
24:21             20261              2815             26314              3657      0.7941 Empc Correction
24:39              4461               514              6108               742      0.1802 0.73
25:05             89635             10923            116370             14412        3.51 0.77
25:48            117289             12697            151141             15043        4.58 0.78 M
26:17             19471              2577             25447              3265      0.7659 0.77
26:27             56661              7332             66948              7986        2.11 0.85
26:59             82882              9722            105760             13012        3.22 0.78
27:15             12351              1300             12014              1660      0.4154 1.03 RQ
27:15              9250              1278             12014              1660      0.3626 Empc Correction
27:45            911315            106638           1141819            136782        35.0 0.80
28:22             51240              5487             67683              7045        2.03 0.76
30:02            145739             15338            183822             19304        5.62 0.79
30:43             28972              3361             39208              3352        1.16 0.74
32:48             15963              1959             20053              2039      0.6141 0.80
33:52            150184             16565            195363             19724        5.89 0.77
Signal Totals:

          1716209            199020           2174057            250536
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          3898740            450474 0.79 RQM
          3890266            449556 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         66.476 = (3898740 * 50.000) / (2694885 * 1.088)
Empc Amount:         66.332 = (3890266 * 50.000) / (2694885 * 1.088)
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Inject. Date: 17-Dec-2019 07:04:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 10

Non-2,3,7,8-sub-PeCDD, RT: 39.441

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1448861          323977
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1448861          323977

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:36             14359              2249              6814              1302      0.7003 2.11 RQa
37:36             10561              2018              6814              1302      0.5747 Empc Correction
38:27             20605              4090             11268              2213        1.05 1.83 RQa
38:27             17465              3430             11268              2213      0.9503 Empc Correction
39:09              4168               803              3668               606      0.2592 1.14 RQMa
39:09              4168               803              2689               518      0.2268 Empc Correction
39:51             14624              2064              8218              1119      0.7555 1.78 M
41:15              2015               392              1608               457      0.1198 1.25 RQM
41:15              2015               392              1300               252      0.1096 Empc Correction
Signal Totals:

            48833              8707             30289              5404
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            87347             15295 1.77 RQMa
            79122             14111 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.889 = (87347 * 50.000) / (1448861 * 1.043)
Empc Amount:          2.617 = (79122 * 50.000) / (1448861 * 1.043)
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Inject. Date: 17-Dec-2019 07:04:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 10

Non-2,3,7,8-sub-PeCDF, RT: 38.019

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         2194817          424477
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         2205543          478833
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         2200180          451655

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:42             15028              1876              9743              1087      0.4897 1.54 M
37:16             42793              5933             28062              3574        1.40 1.52
37:35              1820               304              3063               343      0.0965 0.59 RQM
37:35              1820               304              1174               196      0.0592 Empc Correction
38:08             15117              1604             12399              1448      0.5439 1.22 RQM
38:08             15117              1604              9752              1034      0.4916 Empc Correction
38:40              3534              1491              3031              1059      0.1298 1.17 RQMa
38:40              3534              1491              2280               961      0.1149 Empc Correction
38:57              1251               292              1001               281      0.0445 1.25 RQMa
38:57              1251               292               807               188      0.0407 Empc Correction
39:03              2510               485              2072               392      0.0906 1.21 RQ
39:03              2510               485              1619               312      0.0816 Empc Correction
39:19             24850              3587             17684              2548      0.8408 1.41 M
40:17             13709              2208             10245              1618      0.4735 1.34
41:27              8790              1269              9176              1126      0.3551 0.96 RQM
41:27              8790              1269              5670               818      0.2858 Empc Correction
Signal Totals:

           129402             19049             87036             12336
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           225878             32525 1.34 RQMa
           216438             31385 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.465 = (225878 * 50.000) / (2200180 * 1.150)
Empc Amount:          4.278 = (216438 * 50.000) / (2200180 * 1.150)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Inject. Date: 17-Dec-2019 07:04:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 10

Non-2,3,7,8-sub-HxCDD, RT: 44.311

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1517288          381932
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1648613          386752
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1582950          384342

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:16            288039             78533            230897             61447        14.0 1.25
43:51             13901              2931             11566              3026      0.6875 1.20
44:07             94126             21711             72048             17106        4.49 1.31
44:18             16172              3802             12547              3347      0.7753 1.29
Signal Totals:

           412238            106977            327058             84926
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           739296            191903 1.26

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         19.958 = (739296 * 50.000) / (1582950 * 1.170)
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Inject. Date: 17-Dec-2019 07:04:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 10

Non-2,3,7,8-sub-HxCDF, RT: 44.159

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         2072127          533114
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         2560693          617754
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         2334692          572598
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         2084108          441727
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         2262905          541298

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:35             10026              2783              8770              2127      0.3218 1.14
42:45             39940             10500             30629              7907        1.21 1.30
43:08              5974              1809              5376              1397      0.1943 1.11 M
43:21             30429              8278             22269              6016      0.9023 1.37
43:34             27593              7776             23536              6545      0.8754 1.17 Ma
44:29             14012              2954             10428              2007      0.4185 1.34
45:43              9847              1630              4741              1260      0.2498 2.08 RQ
45:43              5878              1562              4741              1260      0.1818 Empc Correction
Signal Totals:

           133852             35662            105749             27259
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           243570             62989 1.30 RQMa
           239601             62921 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.170 = (243570 * 50.000) / (2262905 * 1.290)
Empc Amount:          4.102 = (239601 * 50.000) / (2262905 * 1.290)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Inject. Date: 17-Dec-2019 07:04:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1484003          262586
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1484003          262586

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:27           1267614            247525           1225038            238503        75.0 1.03
Signal Totals:

          1267614            247525           1225038            238503
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          2492652            486028 1.03

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         74.957 = (2492652 * 50.000) / (1484003 * 1.120)
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Inject. Date: 17-Dec-2019 07:04:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDF, RT: 49.317

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1848413          381953
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1531144          259512
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1689778          320732

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:21             12377              1876              9089              1651      0.4412 1.36 RQa
48:21              9452              1717              9089              1651      0.3811 Empc Correction
48:35             90894             18347             81908             17189        3.55 1.11 a
Signal Totals:

           100346             20064             90997             18840
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           194268             39063 1.13 RQa
           191343             38904 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.993 = (194268 * 50.000) / (1689778 * 1.440)
Empc Amount:          3.933 = (191343 * 50.000) / (1689778 * 1.440)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
TCDD
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Report Date: 17-Dec-2019 10:23:22 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
TCDD
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TCDD Lock Mass
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 24.950 Area = 1547
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Manual Integration Results
RT = 24.950 Area = 3076 M
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Reviewer: davidsonm, 17-Dec-2019 10:16:24
Audit Action: Assigned Compound ID Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
Not Detected
RT:  24.89- 34.08
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Manual Integration Results
RT = 26.263 Area = 1947 M

25.5 25.7 25.9 26.1 26.3 26.5 26.7 26.9
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

Y
 ( 

X
10

00
)

F1:m/z     319.8965

Reviewer: davidsonm, 17-Dec-2019 10:16:24
Audit Action: Assigned Compound ID Audit Reason: Incomplete Integration
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
RT = 28.301 Area = 2102
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Manual Integration Results
RT = 28.301 Area = 2532 M

27.5 27.7 27.9 28.1 28.3 28.5 28.7 28.9
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

Y
 ( 

X
10

00
)

F1:m/z     321.8936

Reviewer: davidsonm, 17-Dec-2019 10:16:12
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 32.813 Area = 1024
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Manual Integration Results
RT = 32.813 Area = 2332 M
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Reviewer: davidsonm, 17-Dec-2019 10:16:24
Audit Action: Assigned Compound ID Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
TCDF
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 25.792 Area = 112810
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Manual Integration Results
RT = 25.792 Area = 117289 M
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Reviewer: davidsonm, 17-Dec-2019 10:17:20
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

0)

F2:m/z     355.8546
Non-2,3,7,8-sub-PeCDD
          38.44

Non-2,3,7,8-sub-PeCDD
          37.60

Non-2,3,7,8-sub-PeCDD
          39.84

38.91

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
)

F2:m/z     357.8516

37.75

35.42 38.23

34.70

PeCDD Standards

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F2:m/z     367.8949
13C-1,2,3,7,8-PeCDD
          40.54

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F2:m/z     369.8919
13C-1,2,3,7,8-PeCDD
          40.54

Page 359 of 2476



Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  40.58

40.1 40.3 40.5 40.7 40.9
Min

2

8

14

20

26

32

38

44

50

56

62

68

74

80

86

92

Y
 ( 

X
10

)

F2:m/z     357.8516

Manual Integration Results
RT:  40.56
Area: 5546
Amount:    0.433702
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:17:50
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 39.147 Area = 4168
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Manual Integration Results
RT = 39.147 Area = 4168
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Reviewer: davidsonm, 17-Dec-2019 10:19:19
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 39.837 Area = 12636
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Manual Integration Results
RT = 39.837 Area = 14624 M
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Reviewer: davidsonm, 17-Dec-2019 10:19:19
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 41.234 Area = 2015
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Manual Integration Results
RT = 41.234 Area = 2015
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Reviewer: davidsonm, 17-Dec-2019 10:19:19
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
PeCDF
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
PeCDF
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PeCDF Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F2:m/z     313.9834

Page 366 of 2476



Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
PeCDF
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PeCDF Interference Mass
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.77
Area: 68593
Amount:    2.110282
Amount Units: pg/ul
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Manual Integration Results
RT:  38.77
Area: 63808
Amount:    1.941653
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:19:41
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.77
Area: 41621
Amount:    2.110282
Amount Units: pg/ul
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Manual Integration Results
RT:  38.77
Area: 37599
Amount:    1.941653
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:19:44
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.62- 41.42)
Signal: 2

Processing Integration Results
RT = 34.682 Area = 10388

34.3 34.5 34.7 34.9 35.1 35.3
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

70

Y
 ( 

X
10

0)
F2:m/z     341.8567

Manual Integration Results
RT = 34.682 Area = 9743 M
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Reviewer: davidsonm, 17-Dec-2019 10:20:50
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.62- 41.42)
Signal: 2

Processing Integration Results
RT = 37.578 Area = 2395
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Manual Integration Results
RT = 37.578 Area = 3063 M

36.8 37.0 37.2 37.4 37.6 37.8 38.0 38.2
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

70

Y
 ( 

X
10

0)

F2:m/z     341.8567

Reviewer: davidsonm, 17-Dec-2019 10:20:50
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.62- 41.42)
Signal: 2

Processing Integration Results
RT = 38.130 Area = 7262
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Manual Integration Results
RT = 38.130 Area = 12399 M
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Reviewer: davidsonm, 17-Dec-2019 10:20:50
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.62- 41.42
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Manual Integration Results
RT = 38.665 Area = 3534 M

38.0 38.2 38.4 38.6 38.8 39.0 39.2
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

Y
 ( 

X
10

00
)

F2:m/z     339.8597

Reviewer: davidsonm, 17-Dec-2019 10:21:00
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration

Page 373 of 2476



Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.62- 41.42
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Manual Integration Results
RT = 38.940 Area = 1251 M
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Reviewer: davidsonm, 17-Dec-2019 10:21:00
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.62- 41.42)
Signal: 2

Processing Integration Results
RT = 39.285 Area = 12177
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Manual Integration Results
RT = 39.285 Area = 17684 M
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Reviewer: davidsonm, 17-Dec-2019 10:20:50
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
RT = 41.441 Area = 5669
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Manual Integration Results
RT = 41.441 Area = 8790 M
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Reviewer: davidsonm, 17-Dec-2019 10:21:00
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
HxCDD
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Report Date: 17-Dec-2019 10:23:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
HxCDD
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
HxCDF
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
HxCDF
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HxCDF Lock Mass
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     373.8208

1,2,3,4,7,8-HxCDF
          43.79

Non-2,3,7,8-sub-HxCDF
          42.74

1,2,3,6,7,8-HxCDF
          43.92

Non-2,3,7,8-sub-HxCDF
          44.48 Non-2,3,7,8-sub-HxCDF

          45.71
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1,2,3,4,7,8-HxCDF
          43.79

Non-2,3,7,8-sub-HxCDF
          42.74 1,2,3,6,7,8-HxCDF

          43.92

Non-2,3,7,8-sub-HxCDF
          45.71

HxCDF Interference Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  43.79
Area: 96960
Amount:    3.307178
Amount Units: pg/ul
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Manual Integration Results
RT:  43.79
Area: 73443
Amount:    2.890815
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:21:43
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  43.92
Area: 34916
Amount:    0.937117
Amount Units: pg/ul
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Manual Integration Results
RT:  43.92
Area: 33213
Amount:    0.911062
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:21:48
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
RT:  44.65
Area: 4570
Amount:    0.178012
Amount Units: pg/ul

44.3 44.5 44.7 44.9 45.1
Min

1

3

5

7

9

11

13

15

17

19

21

23

Y
 ( 

X
10

0)

F3:m/z     375.8178

 4
4.

64
9

Manual Integration Results
RT:  44.65
Area: 4106
Amount:    0.166453
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:21:56
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 1

Processing Integration Results
RT:  44.65
Area: 5948
Amount:    0.178012
Amount Units: pg/ul
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Manual Integration Results
RT:  44.65
Area: 5729
Amount:    0.166453
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:21:59
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  45.59
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Manual Integration Results
RT:  45.59
Area: 2254
Amount:    0.114295
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:22:13
Audit Action: Assigned Compound ID Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  45.59
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Manual Integration Results
RT:  45.58
Area: 3736
Amount:    0.114295
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:22:13
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.54- 45.78)
Signal: 2

Processing Integration Results
RT = 43.145 Area = 7541
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Manual Integration Results
RT = 43.145 Area = 5376 M
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Reviewer: davidsonm, 17-Dec-2019 10:22:33
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.54- 45.78)
Signal: 1

Processing Integration Results
RT = 43.551 Area = 27593
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Manual Integration Results
RT = 43.551 Area = 27593
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Reviewer: davidsonm, 17-Dec-2019 10:22:23
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
HpCDD
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
HpCDD
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Non-2,3,7,8-sub-HpCDD
          48.44

1,2,3,4,6,7,8-HpCDD
          49.62

51.7148.72
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          48.44
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          49.60
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HpCDD Lock Mass
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
HpCDF
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          50.2848.74
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          50.24
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
HpCDF
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          50.2648.72
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HpCDF Lock Mass
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
HpCDF
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  50.28
Area: 15363
Amount:    0.673962
Amount Units: pg/ul
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Manual Integration Results
RT:  50.28
Area: 13971
Amount:    0.631343
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:23:01
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Instrument ID: D2A
Lims ID: 140-17578-A-3-A          Lab Sample ID: 140-17578-3              
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 2

Processing Integration Results
RT:  50.26
Area: 13133
Amount:    0.673962
Amount Units: pg/ul
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Manual Integration Results
RT:  50.26
Area: 12723
Amount:    0.631343
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 10:23:03
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
OCDD
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
OCDD

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
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OCDD Lock Mass
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
OCDF
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OCDF Standards
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
OCDF
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OCDF Lock Mass
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Report Date: 17-Dec-2019 10:23:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-3-a.d
Injection Date: 17-Dec-2019 07:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36126 Sample Line#: 10
Column Type: Column Dia:
OCDF
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OCDF Interference Mass
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-3

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-3-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:40

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  06:19

Low1(uL)

20(uL)

% Moisture: 42.3

Sample wt/vol: 9.76(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.8 0.9351207-31-9 2,3,7,8-TCDF 260

%RECCAS NO. LIMITSQISOTOPE DILUTION

61 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 09:06:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A          
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Sample Type: Client
Inject. Date: 18-Dec-2019 06:19:00 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-011
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:06:06

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:42     665590 0.78   1.2213        18.7        18.7   0.1674   0.1674
  2,3,7,8-TCDF 22:14    3495305 0.82   1.1100        74.0        74.0   0.2624   0.2624
D 13C-2,3,7,8-TCDD 19:41    1454302 0.81   1.0031        33.7        33.7   0.4486   0.4486  67.47
D 13C-2,3,7,8-TCDF 22:13    2127535 0.84   1.6193        30.6        30.6   0.2196   0.2196  61.14
$ 37Cl4-2,3,7,8-TCDD 19:42     363982   1.1834       7.157       7.157   0.1273   0.1273  71.57

* 13C-1,2,3,4-TCDD 20:09    4297734 0.82  1.6E+05       100.0       100.0
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Report Date: 18-Dec-2019 09:06:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-3-a.d
Lims ID: 140-17578-A-3-A          
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Sample Type: Client
Inject. Date: 18-Dec-2019 06:19:00 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-011
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:06:06

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:42 19:44   -1  1.001     291701      44390    115    287    386
321.8936 19:43 19:44    0  1.002     373889      58633    259    647    226  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:14 22:14   -2  1.001    1578196     205860    241    602    854
305.8987 22:14 22:14   -2  1.001    1917109     253993    437   1092    581  0.82(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:41 19:41   -1  0.977     650622     102089    518   1295    197
333.9338 19:41 19:41   -1  0.977     803680     126511    665   1662    190  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:13 22:14   -1  1.103     968311     130762    419   1047    312
317.9389 22:12 22:14   -2  1.102    1159224     160246    516   1290    311  0.84(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:42 19:42   -1  0.978     363982      56470    396    990    143

13C-1,2,3,4-TCDD
331.9368 20:09 20:09   -1    1930483     286690    518   1295    553
333.9338 20:09 20:09   -1    2367251     370495    665   1662    557  0.82(0.65-0.89)
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Report Date: 18-Dec-2019 09:06:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-3-a.d
Injection Date: 18-Dec-2019 06:19:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36167 Sample Line#: 11
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F1:m/z     303.9016
2,3,7,8-TCDF
          22.22

19.61

23.4518.02 26.53
23.84 29.44

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F1:m/z     305.8987
2,3,7,8-TCDF
          22.22

19.61

23.4518.00 26.56
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Report Date: 18-Dec-2019 09:06:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-3-a.d
Injection Date: 18-Dec-2019 06:19:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36167 Sample Line#: 11
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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F1:m/z     313.9834
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Report Date: 18-Dec-2019 09:06:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-3-a.d
Injection Date: 18-Dec-2019 06:19:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(2-4)
Worklist#: 36167 Sample Line#: 11
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
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F1:m/z     303.9016

2,3,7,8-TCDF
          22.22

19.61

23.4518.02 26.53
23.84 29.44

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
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F1:m/z     305.8987

2,3,7,8-TCDF
          22.22

19.61

23.4518.00 26.56

TCDF Interference Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

2

7

12

17

22

27

32

37

42
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Y
 ( 

X
10

0)

F1:m/z     375.8364 23.84

30.1215.88

30.4822.3718.07 24.24 30.9729.13
19.06 21.63

31.4224.76 27.84
31.74
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-4

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-4-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:45

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  08:05

Low1(uL)

20(uL)

% Moisture: 29.9

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 36126 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.131746-01-6 2,3,7,8-TCDD 35

1.4 0.13B q41903-57-5 Total TCDD 47

7.1 0.12J40321-76-4 1,2,3,7,8-PeCDD 0.52

7.1 0.12q36088-22-9 Total PeCDD 8.2

7.1 0.21J q39227-28-6 1,2,3,4,7,8-HxCDD 0.35

7.1 0.20J57653-85-7 1,2,3,6,7,8-HxCDD 0.90

7.1 0.19J19408-74-3 1,2,3,7,8,9-HxCDD 2.3

7.1 0.20B q34465-46-8 Total HxCDD 40

7.1 0.12B35822-46-9 1,2,3,4,6,7,8-HpCDD 35

7.1 0.12B37871-00-4 Total HpCDD 130

14 0.046B3268-87-9 OCDD 830

1.4 0.14B q30402-14-3 Total TCDF 260

7.1 0.14J57117-41-6 1,2,3,7,8-PeCDF 2.7

7.1 0.13J57117-31-4 2,3,4,7,8-PeCDF 2.6

7.1 0.1430402-15-4 Total PeCDF 8.7

7.1 0.16J70648-26-9 1,2,3,4,7,8-HxCDF 4.0

7.1 0.15J q57117-44-9 1,2,3,6,7,8-HxCDF 0.99

7.1 0.1660851-34-5 2,3,4,6,7,8-HxCDF ND

7.1 0.2172918-21-9 1,2,3,7,8,9-HxCDF ND

7.1 0.17J I q55684-94-1 Total HxCDF 6.5

7.1 0.073J B67562-39-4 1,2,3,4,6,7,8-HpCDF 2.3

7.1 0.12J B q55673-89-7 1,2,3,4,7,8,9-HpCDF 0.41

7.1 0.095J B q38998-75-3 Total HpCDF 4.6

14 0.087J B39001-02-0 OCDF 8.6

FORM I 1613B

Page 408 of 2476



FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-4

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-4-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:45

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  08:05

Low1(uL)

20(uL)

% Moisture: 29.9

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 36126 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

63 25-16476523-40-5 13C-2,3,7,8-TCDD

67 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

67 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

68 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

67 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

64 17-157114423-97-1 13C-OCDD

65 24-16989059-46-1 13C-2,3,7,8-TCDF

67 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

66 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

66 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

67 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

67 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

67 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

67 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

62 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

64 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

69 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A          
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Sample Type: Client
Inject. Date: 17-Dec-2019 08:05:00 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-011
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 11:49:05 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 11:49:32

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:50     373272 0.78   1.1733        12.3        12.3   0.0443   0.0443  a
A Non-2,3,7,8-sub-TCDD 29:30     136915 0.77   1.1733       4.569       4.505   0.0443    1.603  RQMa
S Total TCDD        16.9        16.8   0.0443   0.0443  RQ

  2,3,7,8-TCDF 28:51    2389983 0.80   1.0881        50.9        50.9   0.0483   0.0483
A Non-2,3,7,8-sub-TCDF 28:13    1944829 0.77   1.0881        41.5        41.4   0.0483     22.1  RQM
S Total TCDF        92.3        92.2   0.0483   0.0483  RQ

  1,2,3,7,8-PeCDD 40:35       4271 1.47   1.0434      0.1838      0.1838   0.0424   0.0424
A Non-2,3,7,8-sub-PeCDD 39:27      63196 1.55   1.0434       2.748       2.720   0.0424    1.187  RQMa
S Total PeCDD       2.932       2.904   0.0424   0.0424  RQ

  1,2,3,7,8-PeCDF 38:47      39571 1.60   1.1898      0.9540      0.9540   0.0498   0.0498  M
  2,3,4,7,8-PeCDF 40:03      34757 1.65   1.1095      0.9035      0.9035   0.0477   0.0477
A Non-2,3,7,8-sub-PeCDF 38:02      48484 1.52   1.1496       1.213       1.213   0.0486   0.5454  Ma
S Total PeCDF       3.071       3.071   0.0487   0.0487

  1,2,3,4,7,8-HxCDD 44:50       3456 1.24   1.1409      0.1771      0.1246   0.0751   0.0751  RnQMa
  1,2,3,6,7,8-HxCDD 44:57       9562 1.29   1.1481      0.3195      0.3195   0.0718   0.0718  M
  1,2,3,7,8,9-HxCDD 45:20      24897 1.35   1.2212      0.8095      0.8095   0.0688   0.0688  M
A Non-2,3,7,8-sub-HxCDD 44:19     376423 1.24   1.1700        12.9        12.8   0.0718    9.787  RQ
S Total HxCDD        14.2        14.0   0.0719   0.0719  RQ

  1,2,3,4,7,8-HxCDF 43:49      62021 1.25   1.3629       1.399       1.399   0.0560   0.0560  M
  1,2,3,6,7,8-HxCDF 43:57      18350 1.24   1.2762      0.3838      0.3517   0.0519   0.0519  RQ
  2,3,4,6,7,8-HxCDF 44:40   0.0563   0.0563
  1,2,3,7,8,9-HxCDF 45:36   0.0741   0.0741
A Non-2,3,7,8-sub-HxCDF 44:10      25569 1.14   1.2905      0.5530      0.5530   0.0585   0.2761  Ma
S Total HxCDF       2.336       2.304   0.0596   0.0596  RQ

  1,2,3,4,6,7,8-HpCDD 49:38     308594 1.07   1.1204        12.2        12.2   0.0430   0.0430
A Non-2,3,7,8-sub-HpCDD 49:03     814757 1.04   1.1204        32.3        32.3   0.0430     32.3
S Total HpCDD        44.5        44.5   0.0430   0.0430

  1,2,3,4,6,7,8-HpCDF 47:58      36027 1.17   1.4984      0.8229      0.8229   0.0259   0.0259
  1,2,3,4,7,8,9-HpCDF 50:17       4599 1.04   1.3807      0.1785      0.1435   0.0416   0.0416  RQ
A Non-2,3,7,8-sub-HpCDF 49:20      25053 1.04   1.4395      0.6865      0.6639   0.0322   0.6336  RQa
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       1.688       1.630   0.0338   0.0338  RQ

  OCDD 53:53    6607735 0.90   1.2073       294.2       294.2   0.0162   0.0162
  OCDF 54:01      95574 0.83   1.1162       3.038       3.038   0.0308   0.0308  M
D 13C-2,3,7,8-TCDD 30:46    1295069 0.80   1.0709        31.7        31.7   0.2892   0.2892  63.37
D 13C-2,3,7,8-TCDF 28:48    2159615 0.81   1.7545        32.3        32.3   0.1840   0.1840  64.50
D 13C-1,2,3,7,8-PeCDD 40:34    1113467 1.60   0.8743        33.4        33.4   0.2209   0.2209  66.74
D 13C-1,2,3,7,8-PeCDF 38:46    1743080 1.60   1.3704        33.3        33.3   0.3260   0.3260  66.65
D 13C-2,3,4,7,8-PeCDF 40:02    1733687 1.59   1.3837        32.8        32.8   0.3228   0.3228  65.66
D 13C-1,2,3,4,7,8-HxCDD 44:49    1215474 1.28   0.8772        33.4        33.4   0.1058   0.1058  66.75
D 13C-1,2,3,6,7,8-HxCDD 44:56    1303188 1.33   0.9171        34.2        34.2   0.1012   0.1012  68.45
D 13C-1,2,3,4,7,8-HxCDF 43:48    1626459 0.54   1.1892        32.9        32.9   0.1999   0.1999  65.89
D 13C-1,2,3,6,7,8-HxCDF 43:56    2044048 0.54   1.4625        33.7        33.7   0.1626   0.1626  67.33
D 13C-2,3,4,6,7,8-HxCDF 44:39    1838825 0.53   1.3197        33.6        33.6   0.1802   0.1802  67.12
D 13C-1,2,3,7,8,9-HxCDF 45:36    1657127 0.51   1.2001        33.3        33.3   0.1981   0.1981  66.52
D 13C-1,2,3,4,6,7,8-HpCDD 49:36    1127014 1.10   0.8155        33.3        33.3   0.1219   0.1219  66.58
D 13C-1,2,3,4,6,7,8-HpCDF 47:57    1460867 0.48   1.0496        33.5        33.5   0.1917   0.1917  67.05
D 13C-1,2,3,4,7,8,9-HpCDF 50:16    1160364 0.44   0.8947        31.2        31.2   0.2249   0.2249  62.48
D 13C-OCDD 53:52    1860584 0.96   0.7044        63.6        63.6   0.2003   0.2003  63.62
D 13C-OCDF 54:00    2818685 0.88   1.0615        64.0        64.0   0.2428   0.2428  63.96
$ 37Cl4-2,3,7,8-TCDD 30:50     325126   1.2266       6.945       6.945   0.0644   0.0644  69.45

* 13C-1,2,3,4-TCDD 30:16    3816558 0.81  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:20    4151709 1.32    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A          
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Sample Type: Client
Inject. Date: 17-Dec-2019 08:05:00 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-011
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 11:49:05 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 11:49:32

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD a
319.8965 30:50 30:50   -1  1.002     163139      16749     25     62    670 a
321.8936 30:49 30:50   -2  1.002     210133      21962     35     87    627  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 24:54 29:30 -275  0.809       2821        433     25     62     17 M
Empc Correction       1761        215     25     62      9

321.8936 24:51 29:30 -278  0.808       2288        280     35     87      8  1.23(0.65-0.89)

319.8965 25:38 29:30 -231  0.833       1916        237     25     62      9 a
321.8936 25:37 29:30 -232  0.832       2729        493     35     87     14  0.70(0.65-0.89)

319.8965 26:16 29:30 -193  0.854       2500        342     25     62     14 a
321.8936 26:17 29:30 -192  0.854       2832        399     35     87     11  0.88(0.65-0.89)

319.8965 27:45 29:30 -104  0.902      20746       2379     25     62     95 a
321.8936 27:45 29:30 -104  0.902      27973       3353     35     87     96  0.74(0.65-0.89)

319.8965 28:11 29:30  -78  0.916       1954        209     25     62      8 M
321.8936 28:13 29:30  -76  0.917       2339        188     35     87      5  0.84(0.65-0.89)

319.8965 28:42 29:30  -48  0.933       1184        205     25     62      8 a
321.8936 28:44 29:30  -46  0.934       1702        205     35     87      6  0.70(0.65-0.89)

319.8965 29:26 29:30   -3  0.957        779        200     25     62      8 M
321.8936 29:24 29:30   -5  0.956       1091        205     35     87      6  0.71(0.65-0.89)

319.8965 30:15 29:30   45  0.983       5101        640     25     62     26 a
321.8936 30:17 29:30   47  0.984       6457        662     35     87     19  0.79(0.65-0.89)

319.8965 30:34 29:30   64  0.993       4022        514     25     62     21 M
321.8936 30:35 29:30   65  0.994       5235        821     35     87     23  0.77(0.65-0.89)

319.8965 31:21 29:30  111  1.019        754        120     25     62      5 a
321.8936 31:14 29:30  104  1.015       1463        145     35     87      4  0.52(0.65-0.89)

Empc Correction        979        155     35     87      4
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 31:55 29:30  145  1.037      17229       1777     25     62     71 a
321.8936 31:57 29:30  147  1.038      20095       2096     35     87     60  0.86(0.65-0.89)

319.8965 32:42 29:30  192  1.063        994        164     25     62      7 M
321.8936 32:40 29:30  190  1.062       1240        191     35     87      5  0.80(0.65-0.89)

319.8965 34:01 29:30  271  1.106       1312        222     25     62      9 a
321.8936 34:02 29:30  272  1.106       2096        183     35     87      5  0.63(0.65-0.89)

Empc Correction       1703        288     35     87      8

2,3,7,8-TCDF
303.9016 28:51 28:51   -1  1.002    1063469     111545     48    120   2324
305.8987 28:50 28:51   -2  1.001    1326514     139712     57    142   2451  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 22:29 28:13 -344  0.781       1660        311     48    120      6
305.8987 22:31 28:13 -342  0.782       2178        584     57    142     10  0.76(0.65-0.89)

303.9016 23:21 28:13 -291  0.811       1688        271     48    120      6
305.8987 23:20 28:13 -292  0.810       2046        367     57    142      6  0.83(0.65-0.89)

303.9016 23:49 28:13 -264  0.827       6279        977     48    120     20
305.8987 23:50 28:13 -263  0.827       8173       1319     57    142     23  0.77(0.65-0.89)

303.9016 24:21 28:13 -232  0.846      12030       1548     48    120     32
Empc Correction       9648       1484     48    120     31

305.8987 24:22 28:13 -231  0.846      12531       1928     57    142     34  0.96(0.65-0.89)

303.9016 25:05 28:13 -187  0.871      47423       5790     48    120    121
305.8987 25:04 28:13 -188  0.871      59364       7180     57    142    126  0.80(0.65-0.89)

303.9016 25:47 28:13 -146  0.895      57901       5551     48    120    116 M
305.8987 25:47 28:13 -146  0.895      75968       7829     57    142    137  0.76(0.65-0.89) M

303.9016 26:16 28:13 -117  0.912       9496       1299     48    120     27
305.8987 26:16 28:13 -117  0.912      12607       1645     57    142     29  0.75(0.65-0.89)

303.9016 26:27 28:13 -106  0.919      27410       3455     48    120     72
305.8987 26:27 28:13 -106  0.919      36552       4825     57    142     85  0.75(0.65-0.89)

303.9016 27:00 28:13  -74  0.937      41025       5267     48    120    110
305.8987 26:59 28:13  -75  0.937      51974       5932     57    142    104  0.79(0.65-0.89)

303.9016 27:16 28:13  -57  0.947       6496        682     48    120     14 M
Empc Correction       4703        622     48    120     13

305.8987 27:15 28:13  -58  0.946       6108        809     57    142     14  1.06(0.65-0.89)

303.9016 27:45 28:13  -28  0.964     466459      54466     48    120   1135
305.8987 27:44 28:13  -29  0.963     571779      66519     57    142   1167  0.82(0.65-0.89)

303.9016 28:23 28:13   10  0.986      24106       2423     48    120     50
305.8987 28:20 28:13    7  0.984      30524       3419     57    142     60  0.79(0.65-0.89)

303.9016 30:02 28:13  108  1.043      71492       7418     48    120    155
305.8987 30:03 28:13  109  1.043      92699      10311     57    142    181  0.77(0.65-0.89)

303.9016 30:44 28:13  150  1.067      15509       1593     48    120     33
305.8987 30:42 28:13  148  1.066      18511       1862     57    142     33  0.84(0.65-0.89)

303.9016 32:49 28:13  275  1.140       2026        256     48    120      5
305.8987 32:47 28:13  273  1.139       2618        301     57    142      5  0.77(0.65-0.89)

303.9016 33:52 28:13  338  1.176      78776       8718     48    120    182
305.8987 33:52 28:13  338  1.176      95596       8997     57    142    158  0.82(0.65-0.89)
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDD
355.8546 40:35 40:34    0  1.000       2540        655     24     60     27
357.8516 40:34 40:34   -2  1.000       1731        427     64    160      7  1.47(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQMa

355.8546 37:38 39:27 -109  0.928       7643       1140     24     60     48 a
357.8516 37:38 39:27 -109  0.928       4738        894     64    160     14  1.61(1.32-1.78)

355.8546 38:28 39:27  -59  0.948      17038       3341     24     60    139 a
357.8516 38:28 39:27  -59  0.948      10553       2268     64    160     35  1.61(1.32-1.78)

355.8546 39:11 39:27  -16  0.966       2000        339     24     60     14 M
357.8516 39:10 39:27  -17  0.966       1274        285     64    160      4  1.57(1.32-1.78)

355.8546 39:23 39:27   -4  0.971       2042        405     24     60     17 a
357.8516 39:26 39:27   -1  0.000     64    160  0.00(1.32-1.78)

355.8546 39:42 39:27   15  0.979       2085        368     24     60     15 a
Empc Correction       1666        305     24     60     13

357.8516 39:42 39:27   15  0.979       1075        197     64    160      3  1.94(1.32-1.78)

355.8546 39:51 39:27   24  0.983       8205       1657     24     60     69 a
357.8516 39:51 39:27   24  0.983       5420        937     64    160     15  1.51(1.32-1.78)

355.8546 41:04 39:27   97  0.000     24     60
357.8516 41:04 39:27   97  0.000     64    160  0.00(1.32-1.78)

355.8546 41:15 39:27  108  1.017       1183        249     24     60     10 M
Empc Correction        937        247     24     60     10

357.8516 41:14 39:27  107  1.017        605        160     64    160      3  1.96(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 38:47 38:47    0  1.000      24347       4705     92    230     51 M
341.8567 38:47 38:47    0  1.000      15224       3119     66    165     47  1.60(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 40:03 40:03    0  1.000      21623       4692     92    230     51
341.8567 40:03 40:03    0  1.000      13134       2981     66    165     45  1.65(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF Ma

339.8597 37:18 38:02  -43  0.962      12660       1870     92    230     20
341.8567 37:16 38:02  -45  0.961       9139       1391     66    165     21  1.39(1.32-1.78)

339.8597 38:43 38:02   41  0.999       2261        796     92    230      9 M
341.8567 38:41 38:02   39  0.998       1491        445     66    165      7  1.52(1.32-1.78)

339.8597 39:19 38:02   77  1.014       8151       1875     92    230     20
341.8567 39:18 38:02   76  1.014       5096        753     66    165     11  1.60(1.32-1.78)

339.8597 40:18 38:02  136  1.040       6163       1277     92    230     14
341.8567 40:19 38:02  137  1.040       3523        373     66    165      6  1.75(1.32-1.78)

1,2,3,4,7,8-HxCDD RnQMa
389.8158 44:50 44:50    0  1.000       3368        791     13     32     61 M

Empc Correction       1913        504     13     32     39
391.8127 44:50 44:50    0  1.000       1543        407    191    477      2  2.18(1.05-1.43)

1,2,3,6,7,8-HxCDD M
389.8158 44:57 44:57    0  1.000       5395       1391     13     32    107 M
391.8127 44:57 44:57    0  1.000       4167       1089    191    477      6  1.29(1.05-1.43) M
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8,9-HxCDD M
389.8158 45:20 45:20   -1  1.011      14325       2602     13     32    200 M
391.8127 45:20 45:20   -1  1.011      10572       1881    191    477     10  1.35(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD RQ

389.8158 43:17 44:19  -62  0.963     163185      44440     13     32   3418
391.8127 43:17 44:19  -62  0.963     125236      32651    191    477    171  1.30(1.05-1.43)

389.8158 43:50 44:19  -29  0.976       6400       1294     13     32    100
Empc Correction       4659       1004     13     32     77

391.8127 43:50 44:19  -29  0.976       3758        810    191    477      4  1.70(1.05-1.43)

389.8158 44:09 44:19  -10  0.982      38213       8595     13     32    661
391.8127 44:08 44:19  -11  0.982      30468       7292    191    477     38  1.25(1.05-1.43)

389.8158 44:19 44:19    0  0.986       7401       1315     13     32    101
Empc Correction       6036       1243     13     32     96

391.8127 44:19 44:19    0  0.986       4868       1003    191    477      5  1.52(1.05-1.43)

1,2,3,4,7,8-HxCDF M
373.8208 43:49 43:48    1  1.000      34397       9654    145    362     67
375.8178 43:48 43:48    0  1.000      27624       6758    114    285     59  1.25(1.05-1.43) M

1,2,3,6,7,8-HxCDF RQ
373.8208 43:57 43:56    0  1.000      11830       2663    145    362     18

Empc Correction      10158       2174    145    362     15
375.8178 43:57 43:56    0  1.000       8192       1754    114    285     15  1.44(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 44:40     145     362
375.8178 44:40     114     285

1,2,3,7,8,9-HxCDF
373.8208 45:37     145     362
375.8178 45:37     114     285

A Non-2,3,7,8-sub-HxCDF Ma

373.8208 42:46 44:10  -84  0.973       6633       1486    145    362     10 M
375.8178 42:46 44:10  -84  0.973       6134       1597    114    285     14  1.08(1.05-1.43)

373.8208 43:22 44:10  -48  0.987       4720       1364    145    362      9 a
375.8178 43:22 44:10  -48  0.987       3647       1203    114    285     11  1.29(1.05-1.43)

373.8208 45:44 44:10   94  1.041       2276        645    145    362      4 a
375.8178 45:44 44:10   94  1.041       2159        486    114    285      4  1.05(1.05-1.43)

1,2,3,4,6,7,8-HpCDD
423.7767 49:38 49:37    1  1.001     159442      28946     37     92    782
425.7737 49:38 49:37    1  1.001     149152      25907     43    107    602  1.07(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 48:27 49:03  -35  0.977     416023      83198     37     92   2249
425.7737 48:27 49:03  -35  0.977     398734      77723     43    107   1808  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 47:58 47:57    0  1.000      19427       3810     69    172     55
409.7788 47:59 47:57    1  1.001      16600       3663     26     65    141  1.17(0.88-1.20)

1,2,3,4,7,8,9-HpCDF RQ
407.7817 50:17 50:16    0  1.000       2345        556     69    172      8
409.7788 50:18 50:16    1  1.001       3375        708     26     65     27  0.69(0.88-1.20)

Empc Correction       2254        534     26     65     21
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDF RQa

407.7817 48:21 49:20  -58  1.008       1434        283     69    172      4 a
Empc Correction        583        147     69    172      2

409.7788 48:21 49:20  -58  1.008        561        142     26     65      5  2.56(0.88-1.20)

407.7817 48:37 49:20  -43  1.014      12451       2475     69    172     36 a
409.7788 48:36 49:20  -44  1.013      11458       2263     26     65     87  1.09(0.88-1.20)

OCDD
457.7377 53:53 53:53   -1  1.000    3120989     685007     19     47  36053
459.7348 53:53 53:53   -1  1.000    3486746     759353     13     32  58412  0.90(0.76-1.02)

OCDF M
441.7428 54:01 54:01   -1  1.000      43423      10665     25     62    427 M
443.7399 54:01 54:01   -1  1.000      52151      12153     62    155    196  0.83(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:46 30:45   -2  1.017     576779      64335    282    705    228
333.9338 30:46 30:45   -2  1.017     718290      80069    223    557    359  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:48 28:46   -1  0.952     966661     107954    359    897    301
317.9389 28:48 28:46   -1  0.952    1192954     141371    167    417    847  0.81(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:34 40:30    0  1.341     685881     152212    155    387    982
369.8919 40:34 40:30    0  1.341     427586      96205    160    400    601  1.60(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:46 38:42    0  1.281    1072924     205979    474   1185    435
353.8970 38:46 38:42    0  1.281     670156     127539    254    635    502  1.60(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:02 39:58    0  1.323    1063657     230761    474   1185    487
353.8970 40:02 39:58    0  1.323     670030     142600    254    635    561  1.59(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:49 44:49    0  0.989     682763     169561    218    545    778
403.8529 44:49 44:49    0  0.989     532711     128149    123    307   1042  1.28(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:56 44:56    0  0.991     744058     177158    218    545    813
403.8529 44:56 44:56    0  0.991     559130     131964    123    307   1073  1.33(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:48 43:47    1  0.966     567742     147307    409   1022    360
385.8610 43:48 43:47    1  0.966    1058717     276180    464   1160    595  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:56 43:56    0  0.969     715620     166581    409   1022    407
385.8610 43:56 43:56    0  0.969    1328428     321792    464   1160    694  0.54(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:39 44:39    0  0.985     637347     154530    409   1022    378
385.8610 44:39 44:39    0  0.985    1201478     299278    464   1160    645  0.53(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:36 45:35    1  1.006     561794     117288    409   1022    287
385.8610 45:35 45:35    0  1.006    1095333     229917    464   1160    496  0.51(0.43-0.59)
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:36 49:36    0  1.094     589391     108146    142    355    762
437.8140 49:36 49:36    0  1.094     537623      99594    223    557    447  1.10(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:57 47:57    0  1.058     475270      98895    348    870    284
419.8220 47:57 47:57    0  1.058     985597     206006    391    977    527  0.48(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:16    0  1.109     357177      65289    348    870    188
419.8220 50:16 50:16    0  1.109     803187     140960    391    977    361  0.44(0.37-0.51)

13C-OCDD
469.7780 53:52 53:52   -1  1.188     911120     198767    253    632    786
471.7750 53:52 53:52   -1  1.188     949464     209973    265    662    792  0.96(0.76-1.02)

13C-OCDF
453.7830 54:00 54:01   -1  1.191    1315679     289350    324    810    893
455.7801 54:00 54:01   -1  1.191    1503006     341067    622   1555    548  0.88(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:50 30:48   -1  1.019     325126      32967    129    322    256

13C-1,2,3,4-TCDD
331.9368 30:16 30:19   -3    1705356     187532    282    705    665
333.9338 30:17 30:19   -2    2111202     219896    223    557    986  0.81(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:20 45:20    0    2361907     524154    218    545   2404
403.8529 45:20 45:20    0    1789802     393582    123    307   3200  1.32(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Inject. Date: 17-Dec-2019 08:05:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 11

Non-2,3,7,8-sub-TCDD, RT: 29.485

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1295069          144404
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1295069          144404

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:54              2821               433              2288               280      0.1681 1.23 RQMa
24:54              1761               215              2288               280      0.1332 Empc Correction
25:38              1916               237              2729               493      0.1528 0.70 a
26:16              2500               342              2832               399      0.1755 0.88 a
27:45             20746              2379             27973              3353        1.60 0.74 a
28:11              1954               209              2339               188      0.1413 0.84 Ma
28:42              1184               205              1702               205      0.0950 0.70 a
29:26               779               200              1091               205      0.0615 0.71 Ma
30:15              5101               640              6457               662      0.3803 0.79 a
30:34              4022               514              5235               821      0.3046 0.77 Ma
31:21               754               120              1463               145      0.0730 0.52 RQa
31:21               754               120               979               155      0.0570 Empc Correction
31:55             17229              1777             20095              2096        1.23 0.86 a
32:42               994               164              1240               191      0.0735 0.80 Ma
34:01              1312               222              2096               183      0.1121 0.63 RQa
34:01              1312               222              1703               288      0.0992 Empc Correction
Signal Totals:

            60252              7224             76663              9336
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           138852             16663 0.79 RQMa
           136915             16560 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.569 = (138852 * 50.000) / (1295069 * 1.173)
Empc Amount:          4.505 = (136915 * 50.000) / (1295069 * 1.173)
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Inject. Date: 17-Dec-2019 08:05:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 11

Non-2,3,7,8-sub-TCDF, RT: 28.214

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2159615          249325
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2159615          249325

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

22:29              1660               311              2178               584      0.0817 0.76
23:21              1688               271              2046               367      0.0794 0.83
23:49              6279               977              8173              1319      0.3075 0.77
24:21             12030              1548             12531              1928      0.5226 0.96 RQ
24:21              9648              1484             12531              1928      0.4719 Empc Correction
25:05             47423              5790             59364              7180        2.27 0.80
25:47             57901              5551             75968              7829        2.85 0.76 M
26:16              9496              1299             12607              1645      0.4703 0.75
26:27             27410              3455             36552              4825        1.36 0.75
27:00             41025              5267             51974              5932        1.98 0.79
27:16              6496               682              6108               809      0.2682 1.06 RQM
27:16              4703               622              6108               809      0.2300 Empc Correction
27:45            466459             54466            571779             66519        22.1 0.82
28:23             24106              2423             30524              3419        1.16 0.79
30:02             71492              7418             92699             10311        3.49 0.77
30:44             15509              1593             18511              1862      0.7238 0.84
32:49              2026               256              2618               301      0.0988 0.77
33:52             78776              8718             95596              8997        3.71 0.82
Signal Totals:

           865601             99901           1079228            123827
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1949004            223852 0.81 RQM
          1944829            223728 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         41.469 = (1949004 * 50.000) / (2159615 * 1.088)
Empc Amount:         41.380 = (1944829 * 50.000) / (2159615 * 1.088)Page 420 of 2476
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Inject. Date: 17-Dec-2019 08:05:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 11

Non-2,3,7,8-sub-PeCDD, RT: 39.441

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1113467          248417
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1113467          248417

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:38              7643              1140              4738               894      0.5328 1.61 a
38:28             17038              3341             10553              2268        1.19 1.61 a
39:11              2000               339              1274               285      0.1409 1.57 Ma
39:23              2042               405                 0                 0      0.0879 0.00 a
39:42              2085               368              1075               197      0.1360 1.94 RQa
39:42              1666               305              1075               197      0.1180 Empc Correction
39:51              8205              1657              5420               937      0.5864 1.51 a
41:04                 0                 0                 0                 0 0.00
41:15              1183               249               605               160      0.0769 1.96 RQM
41:15               937               247               605               160      0.0664 Empc Correction
Signal Totals:

            39531              7434             23665              4741
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            63861             12240 1.70 RQMa
            63196             12175 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.748 = (63861 * 50.000) / (1113467 * 1.043)
Empc Amount:          2.720 = (63196 * 50.000) / (1113467 * 1.043)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Inject. Date: 17-Dec-2019 08:05:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 11

Non-2,3,7,8-sub-PeCDF, RT: 38.019

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         1743080          333518
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1733687          373361
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         1738383          353439

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

37:18             12660              1870              9139              1391      0.5454 1.39
38:43              2261               796              1491               445      0.0939 1.52 Ma
39:19              8151              1875              5096               753      0.3314 1.60
40:18              6163              1277              3523               373      0.2423 1.75
Signal Totals:

            29235              5818             19249              2962
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            48484              8780 1.52 Ma

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.213 = (48484 * 50.000) / (1738383 * 1.150)

QC Flag Legend

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Inject. Date: 17-Dec-2019 08:05:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 11

Non-2,3,7,8-sub-HxCDD, RT: 44.311

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1215474          297710
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1303188          309122
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1259331          303416

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:17            163185             44440            125236             32651        9.79 1.30
43:50              6400              1294              3758               810      0.3447 1.70 RQ
43:50              4659              1004              3758               810      0.2856 Empc Correction
44:09             38213              8595             30468              7292        2.33 1.25
44:19              7401              1315              4868              1003      0.4163 1.52 RQ
44:19              6036              1243              4868              1003      0.3700 Empc Correction
Signal Totals:

           212093             55282            164330             41756
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           379529             97400 1.31 RQ
           376423             97038 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         12.879 = (379529 * 50.000) / (1259331 * 1.170)
Empc Amount:         12.773 = (376423 * 50.000) / (1259331 * 1.170)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Inject. Date: 17-Dec-2019 08:05:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 11

Non-2,3,7,8-sub-HxCDF, RT: 44.159

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1626459          423487
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         2044048          488373
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         1838825          453808
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1657127          347205
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         1791614          428218

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:46              6633              1486              6134              1597      0.2761 1.08 Ma
43:22              4720              1364              3647              1203      0.1809 1.29 a
45:44              2276               645              2159               486      0.0959 1.05 a
Signal Totals:

            13629              3495             11940              3286
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            25569              6781 1.14 Ma

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.5530 = (25569 * 50.000) / (1791614 * 1.290)

QC Flag Legend

Review Flags
M - Manually Integrated
a - User Assigned ID

Page 426 of 2476



Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Inject. Date: 17-Dec-2019 08:05:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 11

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1127014          207740
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1127014          207740

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:27            416023             83198            398734             77723        32.3 1.04
Signal Totals:

           416023             83198            398734             77723
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           814757            160921 1.04

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         32.262 = (814757 * 50.000) / (1127014 * 1.120)
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Inject. Date: 17-Dec-2019 08:05:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 11

Non-2,3,7,8-sub-HpCDF, RT: 49.317

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1460867          304901
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1160364          206249
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1310615          255575

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:21              1434               283               561               142      0.0529 2.56 RQa
48:21               583               147               561               142      0.0303 Empc Correction
48:37             12451              2475             11458              2263      0.6336 1.09 a
Signal Totals:

            13034              2622             12019              2405
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            25904              5163 1.16 RQa
            25053              5027 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.6865 = (25904 * 50.000) / (1310615 * 1.440)
Empc Amount:         0.6639 = (25053 * 50.000) / (1310615 * 1.440)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
TCDD
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
TCDD
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Report Date: 17-Dec-2019 11:49:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  30.85
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Manual Integration Results
RT:  30.83
Area: 163139
Amount:   12.282835
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 11:40:42
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 24.898 Area = 2821
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Manual Integration Results
RT = 24.898 Area = 2821
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Reviewer: davidsonm, 17-Dec-2019 11:43:33
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 28.181 Area = 783
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Manual Integration Results
RT = 28.181 Area = 1954 M
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Reviewer: davidsonm, 17-Dec-2019 11:43:33
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 29.427 Area = 779
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Manual Integration Results
RT = 29.427 Area = 779
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Reviewer: davidsonm, 17-Dec-2019 11:43:33
Audit Action: Assigned Compound ID Audit Reason: Split Peak

Page 434 of 2476



Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 30.556 Area = 3077
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Manual Integration Results
RT = 30.556 Area = 4022 M
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Reviewer: davidsonm, 17-Dec-2019 11:43:33
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 32.694 Area = 994
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Manual Integration Results
RT = 32.694 Area = 994
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Reviewer: davidsonm, 17-Dec-2019 11:43:33
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
TCDF
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 25.773 Area = 56887
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Manual Integration Results
RT = 25.773 Area = 57901 M
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Reviewer: davidsonm, 17-Dec-2019 11:44:20
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.46- 33.96)
Signal: 2

Processing Integration Results
RT = 25.773 Area = 63781
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Manual Integration Results
RT = 25.773 Area = 75968 M
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Reviewer: davidsonm, 17-Dec-2019 11:44:11
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 27.255 Area = 6022
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Manual Integration Results
RT = 27.255 Area = 6496 M
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Reviewer: davidsonm, 17-Dec-2019 11:44:20
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

0)

F2:m/z     355.8546
Non-2,3,7,8-sub-PeCDD
          38.45

Non-2,3,7,8-sub-PeCDD
          39.85

Non-2,3,7,8-sub-PeCDD
          37.62

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
)

F2:m/z     357.8516

37.76

35.42 Non-2,3,7,8-sub-PeCDD
          38.4538.24

PeCDD Standards

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F2:m/z     367.8949
13C-1,2,3,7,8-PeCDD
          40.55

40.14

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F2:m/z     369.8919
13C-1,2,3,7,8-PeCDD
          40.55

Page 445 of 2476



Report Date: 17-Dec-2019 11:49:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 39.174 Area = 2000
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Manual Integration Results
RT = 39.174 Area = 2000
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Reviewer: davidsonm, 17-Dec-2019 11:46:11
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 41.243 Area = 1435
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Manual Integration Results
RT = 41.243 Area = 1183 M

40.6 40.8 41.0 41.2 41.4 41.6 41.8
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

0)

F2:m/z     355.8546

Reviewer: davidsonm, 17-Dec-2019 11:46:11
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
PeCDF
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F2:m/z     339.8597
1,2,3,7,8-PeCDF
          38.78

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          40.29

34.69
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Non-2,3,7,8-sub-PeCDF
          37.26

Non-2,3,7,8-sub-PeCDF
          40.31

PeCDF Standards
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13C-2,3,4,7,8-PeCDF
          40.02
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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F2:m/z     339.8597

1,2,3,7,8-PeCDF
          38.78

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          40.29

34.69
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F2:m/z     341.8567

1,2,3,7,8-PeCDF
          38.78

Non-2,3,7,8-sub-PeCDF
          37.26

Non-2,3,7,8-sub-PeCDF
          40.31

PeCDF Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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F2:m/z     313.9834
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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F2:m/z     339.8597

1,2,3,7,8-PeCDF
          38.78

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          40.29

34.69
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Non-2,3,7,8-sub-PeCDF
          37.26

Non-2,3,7,8-sub-PeCDF
          40.31

PeCDF Interference Mass
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F2:m/z     409.7974 41.42
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.78
Area: 26608
Amount:    1.008541
Amount Units: pg/ul
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Manual Integration Results
RT:  38.78
Area: 24347
Amount:    0.954029
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 11:46:26
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.62- 41.42
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Manual Integration Results
RT = 38.709 Area = 2261 M
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Reviewer: davidsonm, 17-Dec-2019 11:46:34
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     389.8158
Non-2,3,7,8-sub-HxCDD
          43.28

Non-2,3,7,8-sub-HxCDD
          44.14 45.78

43.44 45.03 45.4444.73
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F3:m/z     391.8127
Non-2,3,7,8-sub-HxCDD
          43.28

45.76

Non-2,3,7,8-sub-HxCDD
          44.12

42.62 45.4945.02

HxCDD Standards
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13C-1,2,3,7,8,9-HxCDD
          45.32
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F3:m/z     403.8529
13C-1,2,3,7,8,9-HxCDD
          45.32
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     389.8158

Non-2,3,7,8-sub-HxCDD
          43.28

Non-2,3,7,8-sub-HxCDD
          44.14 45.78

43.44 45.03 45.4444.73
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Non-2,3,7,8-sub-HxCDD
          44.12

42.62 45.4945.02

HxCDD Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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Y

F3:m/z     375.9802
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  44.83
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Manual Integration Results
RT:  44.83
Area: 3368
Amount:    0.177078
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 11:47:23
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  44.95
Area: 6497
Amount:    0.396969
Amount Units: pg/ul
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Manual Integration Results
RT:  44.95
Area: 5395
Amount:    0.319540
Amount Units: pg/ul

44.6 44.8 45.0 45.2 45.4
Min

RT

0

2

4

6

8

10

12

14

16

18

20

22

24

26

Y
 ( 

X
10

0)

F3:m/z     389.8158

 4
4.

94
8

Reviewer: davidsonm, 17-Dec-2019 11:47:14
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  44.95
Area: 5382
Amount:    0.396969
Amount Units: pg/ul
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Manual Integration Results
RT:  44.95
Area: 4167
Amount:    0.319540
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 11:47:15
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  45.32
Area: 10916
Amount:    0.835446
Amount Units: pg/ul
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Manual Integration Results
RT:  45.32
Area: 10572
Amount:    0.809469
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 11:47:29
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  45.32
Area: 14780
Amount:    0.835446
Amount Units: pg/ul
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Manual Integration Results
RT:  45.32
Area: 14325
Amount:    0.809469
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 11:47:31
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
HxCDF
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F3:m/z     373.8208
1,2,3,4,7,8-HxCDF
          43.82

1,2,3,6,7,8-HxCDF
          43.93Non-2,3,7,8-sub-HxCDF

          42.75 Non-2,3,7,8-sub-HxCDF
          45.72
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Y
 ( 

X
10

0)

F3:m/z     375.8178
1,2,3,4,7,8-HxCDF
          43.80

1,2,3,6,7,8-HxCDF
          43.93

Non-2,3,7,8-sub-HxCDF
          42.75 Non-2,3,7,8-sub-HxCDF

          45.72

HxCDF Standards

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F3:m/z     383.8639
13C-1,2,3,6,7,8-HxCDF
          43.92

13C-1,2,3,7,8,9-HxCDF
          45.59

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     385.8610
13C-1,2,3,6,7,8-HxCDF
          43.92

13C-1,2,3,7,8,9-HxCDF
          45.57
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
)

F3:m/z     373.8208

1,2,3,4,7,8-HxCDF
          43.82

1,2,3,6,7,8-HxCDF
          43.93Non-2,3,7,8-sub-HxCDF

          42.75 Non-2,3,7,8-sub-HxCDF
          45.72

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

0)

F3:m/z     375.8178

1,2,3,4,7,8-HxCDF
          43.80

1,2,3,6,7,8-HxCDF
          43.93

Non-2,3,7,8-sub-HxCDF
          42.75

Non-2,3,7,8-sub-HxCDF
          45.72

HxCDF Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
)

F3:m/z     373.8208

1,2,3,4,7,8-HxCDF
          43.82

1,2,3,6,7,8-HxCDF
          43.93Non-2,3,7,8-sub-HxCDF

          42.75 Non-2,3,7,8-sub-HxCDF
          45.72

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

0)

F3:m/z     375.8178

1,2,3,4,7,8-HxCDF
          43.80

1,2,3,6,7,8-HxCDF
          43.93

Non-2,3,7,8-sub-HxCDF
          42.75

Non-2,3,7,8-sub-HxCDF
          45.72

HxCDF Interference Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

2

6

10

14

18

22
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30

34

38

42

46

Y
 ( 

X
10

)

F3:m/z     445.7555 43.53

44.49
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  43.80
Area: 30222
Amount:    1.457550
Amount Units: pg/ul
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Y
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X
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F3:m/z     375.8178

 4
3.

79
9

Manual Integration Results
RT:  43.80
Area: 27624
Amount:    1.398950
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 11:47:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.54- 45.78)
Signal: 1

Processing Integration Results
RT = 42.752 Area = 7581

42.1 42.3 42.5 42.7 42.9 43.1 43.3
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Manual Integration Results
RT = 42.752 Area = 6633 M
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F3:m/z     373.8208

Reviewer: davidsonm, 17-Dec-2019 11:48:12
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
HpCDD

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0
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X
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00
)

F4:m/z     423.7767
Non-2,3,7,8-sub-HpCDD
          48.45

1,2,3,4,6,7,8-HpCDD
          49.63

51.9851.1950.34

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
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12

24
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X
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)

F4:m/z     425.7737
Non-2,3,7,8-sub-HpCDD
          48.45

1,2,3,4,6,7,8-HpCDD
          49.63

49.88 51.9351.1950.5448.96

HpCDD Standards

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
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F4:m/z     435.8169
13C-1,2,3,4,6,7,8-HpCDD
          49.60

51.9650.9348.42
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F4:m/z     437.8140
13C-1,2,3,4,6,7,8-HpCDD
          49.60

50.0948.42
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
HpCDD

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y
 ( 

X
10

00
)

F4:m/z     423.7767

Non-2,3,7,8-sub-HpCDD
          48.45

1,2,3,4,6,7,8-HpCDD
          49.63

51.9851.1950.34

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0
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40
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Y
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X
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F4:m/z     425.7737

Non-2,3,7,8-sub-HpCDD
          48.45

1,2,3,4,6,7,8-HpCDD
          49.63

49.88 51.9351.1950.5448.96

HpCDD Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45
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63

72
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99

Y

F4:m/z     413.9770
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

6

12

18

24
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36

42

Y
 ( 

X
10

0)

F4:m/z     407.7817
1,2,3,4,6,7,8-HpCDF
          47.96

Non-2,3,7,8-sub-HpCDF
          48.60

1,2,3,4,7,8,9-HpCDF
          50.2747.74

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
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F4:m/z     409.7788
1,2,3,4,6,7,8-HpCDF
          47.98

Non-2,3,7,8-sub-HpCDF
          48.58

1,2,3,4,7,8,9-HpCDF
          50.2947.74

48.77 51.74

HpCDF Standards
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Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F4:m/z     417.8250
13C-1,2,3,4,6,7,8-HpCDF
          47.94

13C-1,2,3,4,7,8,9-HpCDF
          50.26
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F4:m/z     419.8220
13C-1,2,3,4,6,7,8-HpCDF
          47.94

13C-1,2,3,4,7,8,9-HpCDF
          50.26

50.80

Page 468 of 2476



Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

0)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF
          47.96

Non-2,3,7,8-sub-HpCDF
          48.60

1,2,3,4,7,8,9-HpCDF
          50.27

47.74

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0
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Y
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F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.98

Non-2,3,7,8-sub-HpCDF
          48.58

1,2,3,4,7,8,9-HpCDF
          50.2947.74

48.77 51.74

HpCDF Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81
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99

Y

F4:m/z     413.9770
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0
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24
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32

36

40

44

Y
 ( 

X
10

0)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF
          47.96

Non-2,3,7,8-sub-HpCDF
          48.60

1,2,3,4,7,8,9-HpCDF
          50.27

47.74

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.98

Non-2,3,7,8-sub-HpCDF
          48.58

1,2,3,4,7,8,9-HpCDF
          50.2947.74

48.77 51.74

HpCDF Interference Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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F4:m/z     479.7165 51.71
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51.40
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
OCDD
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OCDD Standards
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F5:m/z     471.7750
13C-OCDD
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54.44
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
OCDD

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min
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F5:m/z     457.7377
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F5:m/z     459.7348

OCDD
  53.88
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OCDD Lock Mass
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Min
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F5:m/z     425.9770
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
OCDF
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Min
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F5:m/z     441.7428
OCDF
  54.01
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Report Date: 17-Dec-2019 11:49:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 11:49:37 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36126 Sample Line#: 11
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 11:49:37 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  54.01
Area: 53918
Amount:    3.229174
Amount Units: pg/ul
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Manual Integration Results
RT:  54.01
Area: 52151
Amount:    3.037828
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 11:48:49
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 11:49:37 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-4-a.d
Injection Date: 17-Dec-2019 08:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-4-A          Lab Sample ID: 140-17578-4              
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  54.01
Area: 47676
Amount:    3.229174
Amount Units: pg/ul
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Manual Integration Results
RT:  54.01
Area: 43423
Amount:    3.037828
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 11:48:52
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120419-SS-SJSSA0
8(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-4

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-4-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/04/2019  15:45

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  05:44

Low1(uL)

20(uL)

% Moisture: 29.9

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.6951207-31-9 2,3,7,8-TCDF 120

%RECCAS NO. LIMITSQISOTOPE DILUTION

63 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 09:05:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A          
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 05:44:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-010
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:05:48

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:44     310928 0.73   1.2213        11.9        11.9   0.2144   0.2144
  2,3,7,8-TCDF 22:14    1523960 0.81   1.1100        42.0        42.0   0.2443   0.2443
D 13C-2,3,7,8-TCDD 19:42    1069291 0.77   1.0031        33.3        33.3   0.6891   0.6891  66.68
D 13C-2,3,7,8-TCDF 22:12    1634501 0.77   1.6193        31.6        31.6   0.2885   0.2885  63.14
$ 37Cl4-2,3,7,8-TCDD 19:43     270263   1.1834       7.143       7.143   0.0701   0.0701  71.43

* 13C-1,2,3,4-TCDD 20:09    3197123 0.80  1.6E+05       100.0       100.0
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Report Date: 18-Dec-2019 09:05:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-4-a.d
Lims ID: 140-17578-A-4-A          
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 05:44:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-010
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:05:48

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:44 19:44    1  1.002     131158      19276    121    302    159
321.8936 19:43 19:44    0  1.001     179770      26258    226    565    116  0.73(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:14 22:14   -1  1.002     681434      90310    271    677    333
305.8987 22:14 22:14   -1  1.002     842526     111402    220    550    506  0.81(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:42 19:41    0  0.977     466564      70732    607   1517    117
333.9338 19:42 19:41    0  0.977     602727      94794    744   1860    127  0.77(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:12 22:14   -1  1.102     711933     100190    640   1600    157
317.9389 22:13 22:14    0  1.103     922568     126034    273    682    462  0.77(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:43 19:42    0  0.978     270263      41845    162    405    258

13C-1,2,3,4-TCDD
331.9368 20:09 20:09    0    1423385     218510    607   1517    360
333.9338 20:08 20:09   -1    1773738     270008    744   1860    363  0.80(0.65-0.89)
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Report Date: 18-Dec-2019 09:05:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-4-a.d
Injection Date: 18-Dec-2019 05:44:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36167 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 09:05:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-4-a.d
Injection Date: 18-Dec-2019 05:44:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36167 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 09:05:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-4-a.d
Injection Date: 18-Dec-2019 05:44:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120419-SS-SJSSA08(4-6)
Worklist#: 36167 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-5

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-5-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  09:06

Low1(uL)

20(uL)

% Moisture: 37.7

Sample wt/vol: 9.83(g)

N

Analysis Batch No.: 36126 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.6 0.111746-01-6 2,3,7,8-TCDD 8.4

1.6 0.11B q41903-57-5 Total TCDD 20

8.2 0.083J40321-76-4 1,2,3,7,8-PeCDD 0.40

8.2 0.083q36088-22-9 Total PeCDD 12

8.2 0.28J39227-28-6 1,2,3,4,7,8-HxCDD 0.56

8.2 0.30J q57653-85-7 1,2,3,6,7,8-HxCDD 0.79

8.2 0.27J19408-74-3 1,2,3,7,8,9-HxCDD 2.7

8.2 0.28B q34465-46-8 Total HxCDD 53

8.2 0.14B35822-46-9 1,2,3,4,6,7,8-HpCDD 41

8.2 0.14B37871-00-4 Total HpCDD 160

16 0.044B3268-87-9 OCDD 980

1.6 0.15B q30402-14-3 Total TCDF 82

8.2 0.15J57117-41-6 1,2,3,7,8-PeCDF 4.6

8.2 0.14J57117-31-4 2,3,4,7,8-PeCDF 4.9

8.2 0.15I q30402-15-4 Total PeCDF 19

8.2 0.071J70648-26-9 1,2,3,4,7,8-HxCDF 4.1

8.2 0.068J57117-44-9 1,2,3,6,7,8-HxCDF 1.2

8.2 0.075J60851-34-5 2,3,4,6,7,8-HxCDF 0.37

8.2 0.09672918-21-9 1,2,3,7,8,9-HxCDF ND

8.2 0.078I q55684-94-1 Total HxCDF 8.8

8.2 0.057J B67562-39-4 1,2,3,4,6,7,8-HpCDF 2.2

8.2 0.087J B q55673-89-7 1,2,3,4,7,8,9-HpCDF 0.35

8.2 0.072J B q38998-75-3 Total HpCDF 5.0

16 0.12J B39001-02-0 OCDF 10

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-5

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-5-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  09:06

Low1(uL)

20(uL)

% Moisture: 37.7

Sample wt/vol: 9.83(g)

N

Analysis Batch No.: 36126 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

61 25-16476523-40-5 13C-2,3,7,8-TCDD

66 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

64 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

66 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

66 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

61 17-157114423-97-1 13C-OCDD

61 24-16989059-46-1 13C-2,3,7,8-TCDF

63 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

63 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

65 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

63 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

65 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

63 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

65 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

63 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

63 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

68 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Lims ID: 140-17578-A-5-A          
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Sample Type: Client
Inject. Date: 17-Dec-2019 09:06:00 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-012
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 12:06:51 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 12:06:51

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:48      77748 0.70   1.1733       2.581       2.581   0.0335   0.0335  a
A Non-2,3,7,8-sub-TCDD 29:30     107670 0.77   1.1733       3.908       3.575   0.0335    1.727  RQMa
S Total TCDD       6.490       6.156   0.0335   0.0335  RQ

  2,3,7,8-TCDF 28:47     572338 0.82   1.0881        12.5        12.5   0.0467   0.0467
A Non-2,3,7,8-sub-TCDF 28:13     567905 0.77   1.0881        12.5        12.4   0.0467    6.890  RQM
S Total TCDF        25.0        24.9   0.0467   0.0467  RQ

  1,2,3,7,8-PeCDD 40:33       2879 1.52   1.0434      0.1211      0.1211   0.0253   0.0253  M
A Non-2,3,7,8-sub-PeCDD 39:27      85303 1.55   1.0434       3.667       3.589   0.0253    1.644  RQMa
S Total PeCDD       3.788       3.711   0.0253   0.0253  RQ

  1,2,3,7,8-PeCDF 38:45      57191 1.60   1.1898       1.415       1.415   0.0468   0.0468  M
  2,3,4,7,8-PeCDF 40:00      57027 1.62   1.1095       1.491       1.491   0.0438   0.0438
A Non-2,3,7,8-sub-PeCDF 38:02     114286 1.55   1.1496       2.992       2.905   0.0452    1.085  RQMa
S Total PeCDF       5.898       5.811   0.0453   0.0453  RQ

  1,2,3,4,7,8-HxCDD 44:49       4926 1.18   1.1409      0.1718      0.1718   0.0844   0.0844  Ma
  1,2,3,6,7,8-HxCDD 44:56       7532 1.24   1.1481      0.2689      0.2425   0.0903   0.0903  RQM
  1,2,3,7,8,9-HxCDD 45:18      25946 1.40   1.2212      0.8142      0.8142   0.0818   0.0818  M
A Non-2,3,7,8-sub-HxCDD 44:19     456226 1.24   1.1700        15.1        14.9   0.0853     11.8  RQ
S Total HxCDD        16.3        16.2   0.0855   0.0855  RQ

  1,2,3,4,7,8-HxCDF 43:47      59004 1.19   1.3629       1.266       1.266   0.0216   0.0216
  1,2,3,6,7,8-HxCDF 43:55      18555 1.26   1.2762      0.3530      0.3530   0.0209   0.0209
  2,3,4,6,7,8-HxCDF 44:38       5547 1.42   1.2654      0.1147      0.1147   0.0230   0.0230  M
  1,2,3,7,8,9-HxCDF 45:36       1150 1.24   1.2573      0.0383      0.0270   0.0295   0.0295  RQMa
A Non-2,3,7,8-sub-HxCDF 44:10      44118 1.24   1.2905       1.008      0.9277   0.0233   0.2885  RQMa
S Total HxCDF       2.780       2.688   0.0237   0.0237  RQ

  1,2,3,4,6,7,8-HpCDD 49:36     335670 1.07   1.1204        12.6        12.6   0.0424   0.0424
A Non-2,3,7,8-sub-HpCDD 49:03     948875 1.08   1.1204        35.6        35.6   0.0424     35.6  Ma
S Total HpCDD        48.2        48.2   0.0424   0.0424

  1,2,3,4,6,7,8-HpCDF 47:56      30132 1.03   1.4984      0.6676      0.6676   0.0174   0.0174  M
  1,2,3,4,7,8,9-HpCDF 50:17       3697 1.04   1.3807      0.1273      0.1064   0.0266   0.0266  RQMa
A Non-2,3,7,8-sub-HpCDF 49:20      30211 1.04   1.4395      0.7674      0.7592   0.0212   0.7153  RQMa
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       1.562       1.533   0.0220   0.0220  RQ

  OCDD 53:51    6941290 0.92   1.2073       300.5       300.5   0.0133   0.0133
  OCDF 54:00     105191 0.87   1.1162       3.160       3.160   0.0375   0.0375  M
D 13C-2,3,7,8-TCDD 30:44    1283543 0.80   1.0709        30.5        30.5   0.2156   0.2156  60.95
D 13C-2,3,7,8-TCDF 28:45    2100545 0.81   1.7545        30.4        30.4   0.2372   0.2372  60.88
D 13C-1,2,3,7,8-PeCDD 40:31    1138802 1.54   0.8743        33.1        33.1   0.2907   0.2907  66.24
D 13C-1,2,3,7,8-PeCDF 38:44    1698299 1.64   1.3704        31.5        31.5   0.4727   0.4727  63.02
D 13C-2,3,4,7,8-PeCDF 39:59    1724040 1.59   1.3837        31.7        31.7   0.4681   0.4681  63.36
D 13C-1,2,3,4,7,8-HxCDD 44:48    1256978 1.23   0.8772        32.2        32.2   0.0893   0.0893  64.42
D 13C-1,2,3,6,7,8-HxCDD 44:55    1352550 1.24   0.9171        33.2        33.2   0.0854   0.0854  66.30
D 13C-1,2,3,4,7,8-HxCDF 43:46    1709882 0.54   1.1892        32.3        32.3   0.3068   0.3068  64.64
D 13C-1,2,3,6,7,8-HxCDF 43:54    2059224 0.54   1.4625        31.7        31.7   0.2495   0.2495  63.30
D 13C-2,3,4,6,7,8-HxCDF 44:38    1911029 0.54   1.3197        32.6        32.6   0.2765   0.2765  65.10
D 13C-1,2,3,7,8,9-HxCDF 45:33    1690663 0.55   1.2001        31.7        31.7   0.3040   0.3040  63.33
D 13C-1,2,3,4,6,7,8-HpCDD 49:35    1189021 1.06   0.8155        32.8        32.8   0.1943   0.1943  65.55
D 13C-1,2,3,4,6,7,8-HpCDF 47:55    1506060 0.46   1.0496        32.3        32.3   0.2722   0.2722  64.51
D 13C-1,2,3,4,7,8,9-HpCDF 50:14    1258164 0.47   0.8947        31.6        31.6   0.3193   0.3193  63.22
D 13C-OCDD 53:50    1913454 0.90   0.7044        61.1        61.1   0.2721   0.2721  61.06
D 13C-OCDF 53:59    2982304 0.90   1.0615        63.2        63.2   0.2728   0.2728  63.16
$ 37Cl4-2,3,7,8-TCDD 30:47     328043   1.2266       6.800       6.800   0.0368   0.0368  68.00

* 13C-1,2,3,4-TCDD 30:12    3932998 0.81  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:17    4448633 1.31    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Lims ID: 140-17578-A-5-A          
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Sample Type: Client
Inject. Date: 17-Dec-2019 09:06:00 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-012
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 12:06:51 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 12:06:51

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD a
319.8965 30:48 30:48   -4  1.002      32101       3422     15     37    228 a
321.8936 30:48 30:48   -4  1.002      45647       5006     27     67    185  0.70(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 24:52 29:30 -277  0.809       2586        407     15     37     27
Empc Correction       1356        189     15     37     13

321.8936 24:54 29:30 -275  0.810       1762        246     27     67      9  1.47(0.65-0.89)

319.8965 25:34 29:30 -235  0.832       2043        317     15     37     21
321.8936 25:35 29:30 -234  0.833       2837        387     27     67     14  0.72(0.65-0.89)

319.8965 26:14 29:30 -195  0.854       2844        426     15     37     28
321.8936 26:15 29:30 -194  0.854       4276        525     27     67     19  0.67(0.65-0.89)

319.8965 27:45 29:30 -105  0.903      22635       2732     15     37    182
321.8936 27:45 29:30 -105  0.903      35393       4369     27     67    162  0.64(0.65-0.89)

Empc Correction      29396       3548     27     67    131

319.8965 28:09 29:30  -80  0.916       1753        165     15     37     11
321.8936 28:14 29:30  -75  0.919       2120        215     27     67      8  0.83(0.65-0.89) M

319.8965 29:29 29:30   -1  0.959       2263        219     15     37     15
321.8936 29:26 29:30   -4  0.958       3045        378     27     67     14  0.74(0.65-0.89) M

319.8965 30:11 29:30   42  0.982       5561        663     15     37     44 M
321.8936 30:14 29:30   45  0.984       9315       1120     27     67     41  0.60(0.65-0.89)

Empc Correction       7222        861     27     67     32

319.8965 30:32 29:30   62  0.993       1915        272     15     37     18 M
321.8936 30:36 29:30   66  0.996       2977        359     27     67     13  0.64(0.65-0.89) M

Empc Correction       2487        353     27     67     13

319.8965 31:51 29:30  141  1.037       3760        394     15     37     26 M
321.8936 31:54 29:30  144  1.038       4623        480     27     67     18  0.81(0.65-0.89)
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 32:42 29:30  192  1.064        398         68     15     37      5
321.8936 32:41 29:30  191  1.064        748        193     27     67      7  0.53(0.65-0.89)

Empc Correction        516         88     27     67      3

319.8965 33:59 29:30  268  1.106       2154        516     15     37     34
321.8936 34:01 29:30  270  1.107       2704        356     27     67     13  0.80(0.65-0.89) M

2,3,7,8-TCDF
303.9016 28:47 28:51   -5  1.001     258711      26435     40    100    661
305.8987 28:47 28:51   -5  1.001     313627      32217     53    132    608  0.82(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 23:18 28:13 -295  0.810        977        186     40    100      5
305.8987 23:21 28:13 -292  0.812       1559        280     53    132      5  0.63(0.65-0.89)

Empc Correction       1268        241     53    132      5

303.9016 23:47 28:13 -265  0.827       3312        601     40    100     15
305.8987 23:46 28:13 -266  0.827       4445        609     53    132     11  0.75(0.65-0.89)

303.9016 24:18 28:13 -235  0.845       2665        457     40    100     11 M
305.8987 24:19 28:13 -234  0.845       4455        760     53    132     14  0.60(0.65-0.89)

Empc Correction       3461        593     53    132     11

303.9016 25:03 28:13 -190  0.871      21243       2827     40    100     71
305.8987 25:03 28:13 -190  0.871      27490       3496     53    132     66  0.77(0.65-0.89)

303.9016 25:46 28:13 -147  0.896      17130       1728     40    100     43
305.8987 25:46 28:13 -147  0.896      23987       2368     53    132     45  0.71(0.65-0.89)

303.9016 26:26 28:13 -107  0.919       8594       1037     40    100     26 M
305.8987 26:27 28:13 -106  0.920      10558       1130     53    132     21  0.81(0.65-0.89) M

303.9016 26:56 28:13  -77  0.937      11308       1503     40    100     38
305.8987 26:56 28:13  -77  0.937      17082       2039     53    132     38  0.66(0.65-0.89)

303.9016 27:12 28:13  -61  0.946       1559        284     40    100      7
Empc Correction       1154        178     40    100      4

305.8987 27:08 28:13  -65  0.944       1500        232     53    132      4  1.04(0.65-0.89)

303.9016 27:43 28:13  -30  0.964     136443      16104     40    100    403
305.8987 27:42 28:13  -31  0.963     178516      21305     53    132    402  0.76(0.65-0.89)

303.9016 28:17 28:13    4  0.984       5974        665     40    100     17
305.8987 28:20 28:13    7  0.985       7721        888     53    132     17  0.77(0.65-0.89)

303.9016 30:00 28:13  107  1.043      16081       1836     40    100     46
305.8987 30:00 28:13  107  1.043      18690       2119     53    132     40  0.86(0.65-0.89)

303.9016 30:38 28:13  144  1.065       3915        371     40    100      9 M
Empc Correction       2611        297     40    100      7

305.8987 30:42 28:13  148  1.067       3392        387     53    132      7  1.15(0.65-0.89)

303.9016 32:48 28:13  274  1.141       2270        290     40    100      7
305.8987 32:46 28:13  272  1.139       3231        587     53    132     11  0.70(0.65-0.89)

303.9016 33:50 28:13  336  1.176      16309       2051     40    100     51
305.8987 33:52 28:13  338  1.177      20493       2174     53    132     41  0.80(0.65-0.89)

1,2,3,7,8-PeCDD M
355.8546 40:33 40:32   -2  1.001       1737        428     19     47     23 M
357.8516 40:32 40:32   -3  1.000       1142        272     33     82      8  1.52(1.32-1.78) M
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDD RQMa

355.8546 37:36 39:27 -111  0.928      10255       1426     19     47     75
357.8516 37:34 39:27 -112  0.927       6191        896     33     82     27  1.66(1.32-1.78)

355.8546 38:26 39:27  -61  0.949      24677       5358     19     47    282
357.8516 38:26 39:27  -61  0.949      14387       2918     33     82     88  1.72(1.32-1.78)

355.8546 38:54 39:27  -33  0.960        851        250     19     47     13 M
357.8516 38:54 39:27  -33  0.960        694        115     33     82      3  1.23(1.32-1.78)

Empc Correction        549        161     33     82      5

355.8546 39:07 39:27  -20  0.965       1761        303     19     47     16
Empc Correction       1204        266     19     47     14

357.8516 39:08 39:27  -19  0.966        777        172     33     82      5  2.27(1.32-1.78)

355.8546 39:21 39:27   -6  0.971       1732        353     19     47     19 M
Empc Correction       1159        158     19     47      8

357.8516 39:21 39:27   -6  0.971        748        102     33     82      3  2.32(1.32-1.78)

355.8546 39:41 39:27   14  0.979       1587        369     19     47     19
357.8516 39:40 39:27   13  0.979       1173        317     33     82     10  1.35(1.32-1.78)

355.8546 39:49 39:27   22  0.983      10989       1900     19     47    100
357.8516 39:48 39:27   21  0.982       6440       1076     33     82     33  1.71(1.32-1.78)

355.8546 40:20 39:27   53  0.995        948        182     19     47     10 M
Empc Correction        719        144     19     47      8

357.8516 40:22 39:27   55  0.996        464         93     33     82      3  2.04(1.32-1.78)

355.8546 40:47 39:27   80  1.006        789        151     19     47      8
357.8516 40:46 39:27   79  1.006        852        142     33     82      4  0.93(1.32-1.78)

Empc Correction        509         97     33     82      3

355.8546 41:13 39:27  106  1.017       1078        229     19     47     12 M
357.8516 41:13 39:27  106  1.017        757        258     33     82      8  1.42(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 38:45 38:45   -3  1.000      35195       6404     96    240     67 M
341.8567 38:45 38:45   -3  1.000      21996       4552     48    120     95  1.60(1.32-1.78) M

2,3,4,7,8-PeCDF
339.8597 40:00 40:03   -3  1.000      35255       7268     96    240     76
341.8567 40:00 40:03   -3  1.000      21772       4908     48    120    102  1.62(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 37:14 38:02  -48  0.961      25667       4300     96    240     45
Empc Correction      22216       3960     96    240     41

341.8567 37:14 38:02  -48  0.961      14333       2555     48    120     53  1.79(1.32-1.78)

339.8597 38:39 38:02   37  0.998       9131       2166     96    240     23 M
341.8567 38:40 38:02   38  0.998       5603       1408     48    120     29  1.63(1.32-1.78)

339.8597 39:17 38:02   75  1.014      25451       4949     96    240     52
341.8567 39:17 38:02   75  1.014      17229       3550     48    120     74  1.48(1.32-1.78)

339.8597 40:16 38:02  134  1.040       8541       1470     96    240     15
341.8567 40:16 38:02  134  1.040       4873       1069     48    120     22  1.75(1.32-1.78)

339.8597 41:21 38:02  199  1.068       4129        615     96    240      6
341.8567 41:20 38:02  198  1.067       2780        375     48    120      8  1.49(1.32-1.78)
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8-HxCDD Ma
389.8158 44:49 44:49   -2  1.000       2667        703     31     77     23 M
391.8127 44:49 44:49   -2  1.000       2259        620    221    552      3  1.18(1.05-1.43)

1,2,3,6,7,8-HxCDD RQM
389.8158 44:56 44:56   -2  1.000       4170       1094     31     77     35 M
391.8127 44:56 44:56   -2  1.000       4182       1333    221    552      6  1.00(1.05-1.43) M

Empc Correction       3362        882    221    552      4

1,2,3,7,8,9-HxCDD M
389.8158 45:18 45:17   -3  1.011      15127       3082     31     77     99 M
391.8127 45:17 45:17   -4  1.011      10819       2049    221    552      9  1.40(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD RQ

389.8158 43:15 44:19  -64  0.963     203380      51761     31     77   1670
391.8127 43:15 44:19  -64  0.963     156880      40779    221    552    185  1.30(1.05-1.43)

389.8158 43:49 44:19  -30  0.976       9178       1738     31     77     56
Empc Correction       5918       1359     31     77     44

391.8127 43:49 44:19  -30  0.976       4773       1096    221    552      5  1.92(1.05-1.43)

389.8158 44:06 44:19  -13  0.982      41377       9329     31     77    301
391.8127 44:06 44:19  -13  0.982      31320       7350    221    552     33  1.32(1.05-1.43)

389.8158 44:17 44:19   -2  0.986       6963       1844     31     77     59
391.8127 44:16 44:19   -3  0.986       6774       1294    221    552      6  1.03(1.05-1.43)

Empc Correction       5615       1487    221    552      7

1,2,3,4,7,8-HxCDF
373.8208 43:47 43:48   -2  1.000      32113       8726     53    132    165
375.8178 43:47 43:48   -2  1.000      26891       6738     53    132    127  1.19(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 43:55 43:56   -2  1.000      10360       2340     53    132     44
375.8178 43:54 43:56   -3  1.000       8195       1601     53    132     30  1.26(1.05-1.43)

2,3,4,6,7,8-HxCDF M
373.8208 44:38 44:38   -3  1.000       3253        782     53    132     15 M
375.8178 44:38 44:38   -3  1.000       2294        477     53    132      9  1.42(1.05-1.43) M

1,2,3,7,8,9-HxCDF RQMa
373.8208 45:36 45:34    0  1.001        637        153     53    132      3 M
375.8178 45:34 45:34   -2  1.000        993        275     53    132      5  0.64(1.05-1.43) M

Empc Correction        513        123     53    132      2

A Non-2,3,7,8-sub-HxCDF RQMa

373.8208 42:22 44:10 -108  0.000     53    132
375.8178 42:22 44:10 -108  0.000     53    132  0.00(1.05-1.43)

373.8208 42:33 44:10  -97  0.969       1756        413     53    132      8
375.8178 42:33 44:10  -97  0.969       2636        494     53    132      9  0.67(1.05-1.43)

Empc Correction       1416        333     53    132      6

373.8208 42:44 44:10  -86  0.973       8069       2232     53    132     42
375.8178 42:44 44:10  -86  0.973       5650       1452     53    132     27  1.43(1.05-1.43) M

373.8208 43:07 44:10  -62  0.982       1450        535     53    132     10
375.8178 43:06 44:10  -63  0.982       1192        282     53    132      5  1.22(1.05-1.43)

373.8208 43:20 44:10  -50  0.987       4504       1216     53    132     23
Empc Correction       3534       1058     53    132     20

375.8178 43:20 44:10  -50  0.987       2850        854     53    132     16  1.58(1.05-1.43)
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

373.8208 43:32 44:10  -38  0.992       4562       1436     53    132     27
375.8178 43:32 44:10  -38  0.992       4047        968     53    132     18  1.13(1.05-1.43)

373.8208 45:25 44:10   75  0.000     53    132
375.8178 45:25 44:10   75  0.000     53    132  0.00(1.05-1.43)

373.8208 45:34 44:10   84  0.000     53    132
375.8178 45:34 44:10   84  0.000     53    132  0.00(1.05-1.43)

373.8208 45:43 44:10   92  1.041       5310       1537     53    132     29 M
375.8178 45:43 44:10   92  1.041       5913       1587     53    132     30  0.90(1.05-1.43) M

Empc Correction       4282       1239     53    132     23

1,2,3,4,6,7,8-HpCDD
423.7767 49:36 49:37   -2  1.000     173299      30815     20     50   1541
425.7737 49:36 49:37   -2  1.000     162371      28689     64    160    448  1.07(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD Ma

423.7767 48:11 49:03  -51  0.000     20     50
425.7737 48:11 49:03  -51  0.000     64    160  0.00(0.88-1.20)

423.7767 48:26 49:03  -37  0.977     493664      95340     20     50   4767 M
425.7737 48:25 49:03  -38  0.976     455211      88076     64    160   1376  1.08(0.88-1.20) M

1,2,3,4,6,7,8-HpCDF M
407.7817 47:56 47:56   -2  1.000      15306       3504     44    110     80 M
409.7788 47:55 47:56   -3  1.000      14826       3141     20     50    157  1.03(0.88-1.20)

1,2,3,4,7,8,9-HpCDF RQMa
407.7817 50:17 50:14    0  1.001       1885        385     44    110      9 a
409.7788 50:14 50:14   -3  1.000       2537        510     20     50     26  0.74(0.88-1.20) M

Empc Correction       1812        370     20     50     19

A Non-2,3,7,8-sub-HpCDF RQMa

407.7817 48:19 49:20  -61  1.008       1216        278     44    110      6 a
Empc Correction        890        178     44    110      4

409.7788 48:18 49:20  -62  1.008        856        172     20     50      9  1.42(0.88-1.20)

407.7817 48:34 49:20  -46  1.013      13418       2765     44    110     63 M
409.7788 48:34 49:20  -46  1.013      15047       3176     20     50    159  0.89(0.88-1.20)

OCDD
457.7377 53:51 53:53   -2  1.000    3317578     716285     16     40  44768
459.7348 53:51 53:53   -2  1.000    3623712     786404     11     27  71491  0.92(0.76-1.02)

OCDF M
441.7428 54:00 54:00   -2  1.000      48903      11966     54    135    222 M
443.7399 54:00 54:00   -2  1.000      56288      12910     56    140    231  0.87(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:44 30:45   -5  1.017     569234      59747    253    632    236
333.9338 30:44 30:45   -5  1.017     714309      73904    136    340    543  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:45 28:46   -4  0.952     939332      99652    204    510    488
317.9389 28:45 28:46   -4  0.952    1161213     128452    497   1242    258  0.81(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:31 40:30   -3  1.342     689614     148767    218    545    682
369.8919 40:31 40:30   -3  1.342     449188      97807    210    525    466  1.54(1.32-1.78)
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDF
351.9000 38:44 38:42   -3  1.282    1054430     198669    705   1762    282
353.8970 38:44 38:42   -3  1.282     643869     124351    386    965    322  1.64(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 39:59 39:58   -3  1.324    1058351     225323    705   1762    320
353.8970 39:59 39:58   -3  1.324     665689     144733    386    965    375  1.59(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:48 44:49   -2  0.989     692134     178619    226    565    790
403.8529 44:48 44:49   -2  0.989     564844     148625     71    177   2093  1.23(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:55 44:56   -2  0.992     750008     165877    226    565    734
403.8529 44:55 44:56   -2  0.992     602542     137876     71    177   1942  1.24(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:46 43:47   -2  0.966     599687     159702    860   2150    186
385.8610 43:46 43:47   -2  0.966    1110195     290613    522   1305    557  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:54 43:56   -2  0.969     718963     169822    860   2150    197
385.8610 43:54 43:56   -2  0.969    1340261     327855    522   1305    628  0.54(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:38 44:39   -2  0.985     669043     160731    860   2150    187
385.8610 44:38 44:39   -2  0.985    1241986     294765    522   1305    565  0.54(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:33 45:35   -2  1.006     597809     128143    860   2150    149
385.8610 45:33 45:35   -2  1.006    1092854     229355    522   1305    439  0.55(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:35 49:36   -2  1.095     612384     112311    254    635    442
437.8140 49:35 49:36   -2  1.095     576637     108662    346    865    314  1.06(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:55 47:57   -2  1.058     476313      99982    360    900    278
419.8220 47:55 47:57   -2  1.058    1029747     207336    722   1805    287  0.46(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:14 50:16   -2  1.109     404662      68274    360    900    190
419.8220 50:14 50:16   -2  1.109     853502     149694    722   1805    207  0.47(0.37-0.51)

13C-OCDD
469.7780 53:50 53:52   -2  1.189     906815     197342    308    770    641
471.7750 53:50 53:52   -2  1.189    1006639     219453    418   1045    525  0.90(0.76-1.02)

13C-OCDF
453.7830 53:59 54:01   -2  1.192    1412015     312408    566   1415    552
455.7801 53:59 54:01   -2  1.192    1570289     344199    531   1327    648  0.90(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:47 30:48   -5  1.019     328043      34676     76    190    456

13C-1,2,3,4-TCDD
331.9368 30:12 30:19   -7    1759682     181894    253    632    719
333.9338 30:14 30:19   -5    2173316     239074    136    340   1758  0.81(0.65-0.89)
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8,9-HxCDD
401.8559 45:17 45:20   -3    2524441     533624    226    565   2361
403.8529 45:17 45:20   -3    1924192     413270     71    177   5821  1.31(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Lims ID: 140-17578-A-5-A
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Inject. Date: 17-Dec-2019 09:06:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 12

Non-2,3,7,8-sub-TCDD, RT: 29.485

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1283543          133651
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1283543          133651

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:52              2586               407              1762               246      0.1444 1.47 RQ
24:52              1356               189              1762               246      0.1035 Empc Correction
25:34              2043               317              2837               387      0.1620 0.72
26:14              2844               426              4276               525      0.2364 0.67
27:45             22635              2732             35393              4369        1.93 0.64 RQ
27:45             22635              2732             29396              3548        1.73 Empc Correction
28:09              1753               165              2120               215      0.1286 0.83 M
29:29              2263               219              3045               378      0.1762 0.74 M
30:11              5561               663              9315              1120      0.4939 0.60 RQM
30:11              5561               663              7222               861      0.4244 Empc Correction
30:32              1915               272              2977               359      0.1624 0.64 RQM
30:32              1915               272              2487               353      0.1462 Empc Correction
31:51              3760               394              4623               480      0.2783 0.81 Ma
32:42               398                68               748               193      0.0380 0.53 RQ
32:42               398                68               516                88      0.0303 Empc Correction
33:59              2154               516              2704               356      0.1613 0.80 M
Signal Totals:

            46682              5961             60988              7437
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           117712             14807 0.69 RQMa
           107670             13398 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.908 = (117712 * 50.000) / (1283543 * 1.173)
Empc Amount:          3.575 = (107670 * 50.000) / (1283543 * 1.173)
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Lims ID: 140-17578-A-5-A
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Inject. Date: 17-Dec-2019 09:06:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 12

Non-2,3,7,8-sub-TCDF, RT: 28.214

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2100545          228104
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2100545          228104

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:18               977               186              1559               280      0.0555 0.63 RQ
23:18               977               186              1268               241      0.0491 Empc Correction
23:47              3312               601              4445               609      0.1697 0.75
24:18              2665               457              4455               760      0.1558 0.60 RQM
24:18              2665               457              3461               593      0.1340 Empc Correction
25:03             21243              2827             27490              3496        1.07 0.77
25:46             17130              1728             23987              2368      0.8994 0.71
26:26              8594              1037             10558              1130      0.4190 0.81 M
26:56             11308              1503             17082              2039      0.6210 0.66
27:12              1559               284              1500               232      0.0669 1.04 RQ
27:12              1154               178              1500               232      0.0581 Empc Correction
27:43            136443             16104            178516             21305        6.89 0.76
28:17              5974               665              7721               888      0.2996 0.77
30:00             16081              1836             18690              2119      0.7606 0.86
30:38              3915               371              3392               387      0.1598 1.15 RQM
30:38              2611               297              3392               387      0.1313 Empc Correction
32:48              2270               290              3231               587      0.1203 0.70
33:50             16309              2051             20493              2174      0.8050 0.80
Signal Totals:

           246071             29760            321834             38168
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           570899             68314 0.77 RQM
           567905             67928 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         12.488 = (570899 * 50.000) / (2100545 * 1.088)
Empc Amount:         12.423 = (567905 * 50.000) / (2100545 * 1.088)Page 497 of 2476
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Lims ID: 140-17578-A-5-A
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Inject. Date: 17-Dec-2019 09:06:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 12

Non-2,3,7,8-sub-PeCDD, RT: 39.441

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1138802          246574
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1138802          246574

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:36             10255              1426              6191               896      0.6920 1.66
38:26             24677              5358             14387              2918        1.64 1.72
38:54               851               250               694               115      0.0650 1.23 RQMa
38:54               851               250               549               161      0.0589 Empc Correction
39:07              1761               303               777               172      0.1068 2.27 RQ
39:07              1204               266               777               172      0.0834 Empc Correction
39:21              1732               353               748               102      0.1044 2.32 RQMa
39:21              1159               158               748               102      0.0802 Empc Correction
39:41              1587               369              1173               317      0.1161 1.35
39:49             10989              1900              6440              1076      0.7334 1.71
40:20               948               182               464                93      0.0594 2.04 RQMa
40:20               719               144               464                93      0.0498 Empc Correction
40:47               789               151               852               142      0.0691 0.93 RQ
40:47               789               151               509                97      0.0546 Empc Correction
41:13              1078               229               757               258      0.0772 1.42 M
Signal Totals:

            53308             10251             31995              6090
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            87150             16610 1.68 RQMa
            85303             16341 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.667 = (87150 * 50.000) / (1138802 * 1.043)
Empc Amount:          3.589 = (85303 * 50.000) / (1138802 * 1.043)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Lims ID: 140-17578-A-5-A
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Inject. Date: 17-Dec-2019 09:06:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 12

Non-2,3,7,8-sub-PeCDF, RT: 38.019

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         1698299          323020
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1724040          370056
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         1711169          346538

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

37:14             25667              4300             14333              2555        1.02 1.79 RQ
37:14             22216              3960             14333              2555      0.9290 Empc Correction
38:39              9131              2166              5603              1408      0.3745 1.63 Ma
39:17             25451              4949             17229              3550        1.08 1.48
40:16              8541              1470              4873              1069      0.3409 1.75
41:21              4129               615              2780               375      0.1756 1.49
Signal Totals:

            69468             13160             44818              8957
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           117737             22457 1.63 RQMa
           114286             22117 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.992 = (117737 * 50.000) / (1711169 * 1.150)
Empc Amount:          2.905 = (114286 * 50.000) / (1711169 * 1.150)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Lims ID: 140-17578-A-5-A
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Inject. Date: 17-Dec-2019 09:06:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 12

Non-2,3,7,8-sub-HxCDD, RT: 44.311

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1256978          327244
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1352550          303753
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1304764          315498

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:15            203380             51761            156880             40779        11.8 1.30
43:49              9178              1738              4773              1096      0.4569 1.92 RQ
43:49              5918              1359              4773              1096      0.3501 Empc Correction
44:06             41377              9329             31320              7350        2.38 1.32
44:17              6963              1844              6774              1294      0.4499 1.03 RQ
44:17              6963              1844              5615              1487      0.4120 Empc Correction
Signal Totals:

           257638             64293            198588             50712
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           460645            115191 1.31 RQ
           456226            115005 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         15.087 = (460645 * 50.000) / (1304764 * 1.170)
Empc Amount:         14.942 = (456226 * 50.000) / (1304764 * 1.170)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Lims ID: 140-17578-A-5-A
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Inject. Date: 17-Dec-2019 09:06:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 12

Non-2,3,7,8-sub-HxCDF, RT: 44.159

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1709882          450315
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         2059224          497677
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         1911029          455496
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1690663          357498
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         1842699          440246

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:22                 0                 0                 0                 0 0.00
42:33              1756               413              2636               494      0.0923 0.67 RQ
42:33              1756               413              1416               333      0.0667 Empc Correction
42:44              8069              2232              5650              1452      0.2885 1.43 M
43:07              1450               535              1192               282      0.0556 1.22
43:20              4504              1216              2850               854      0.1546 1.58 RQ
43:20              3534              1058              2850               854      0.1342 Empc Correction
43:32              4562              1436              4047               968      0.1810 1.13
45:25                 0                 0                 0                 0 0.00
45:34                 0                 0                 0                 0 0.00
45:43              5310              1537              5913              1587      0.2360 0.90 RQM
45:43              5310              1537              4282              1239      0.2017 Empc Correction
Signal Totals:

            24681              7211             19437              5128
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            47939             13006 1.15 RQM
            44118             12339 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.008 = (47939 * 50.000) / (1842699 * 1.290)
Empc Amount:         0.9277 = (44118 * 50.000) / (1842699 * 1.290)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Lims ID: 140-17578-A-5-A
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Inject. Date: 17-Dec-2019 09:06:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 12

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1189021          220973
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1189021          220973

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:11                 0                 0                 0                 0 0.00
48:26            493664             95340            455211             88076        35.6 1.08 M
Signal Totals:

           493664             95340            455211             88076
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           948875            183416 1.08 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         35.613 = (948875 * 50.000) / (1189021 * 1.120)

QC Flag Legend

Review Flags
M - Manually Integrated

Page 506 of 2476
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Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Lims ID: 140-17578-A-5-A
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Inject. Date: 17-Dec-2019 09:06:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 12

Non-2,3,7,8-sub-HpCDF, RT: 49.317

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1506060          307318
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1258164          217968
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1382112          262643

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:19              1216               278               856               172      0.0521 1.42 RQa
48:19               890               178               856               172      0.0439 Empc Correction
48:34             13418              2765             15047              3176      0.7153 0.89 M
Signal Totals:

            14308              2943             15903              3348
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            30537              6391 0.92 RQMa
            30211              6291 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7674 = (30537 * 50.000) / (1382112 * 1.440)
Empc Amount:         0.7592 = (30211 * 50.000) / (1382112 * 1.440)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
TCDD
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31.1629.51
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Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
TCDD
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  30.85
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Manual Integration Results
RT:  30.79
Area: 32101
Amount:    2.581338
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 11:58:21
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
RT = 28.227 Area = 1360
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Manual Integration Results
RT = 28.227 Area = 2120 M
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Reviewer: davidsonm, 17-Dec-2019 11:59:53
Audit Action: Manually Integrated Audit Reason: Incomplete Integration

Page 512 of 2476
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
RT = 29.422 Area = 2617
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Manual Integration Results
RT = 29.422 Area = 3045 M
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Reviewer: davidsonm, 17-Dec-2019 11:59:53
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 30.180 Area = 4561
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Manual Integration Results
RT = 30.180 Area = 5561 M
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Reviewer: davidsonm, 17-Dec-2019 12:00:12
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 30.517 Area = 1281
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Manual Integration Results
RT = 30.517 Area = 1915 M
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Reviewer: davidsonm, 17-Dec-2019 12:00:12
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
RT = 30.584 Area = 1556
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Manual Integration Results
RT = 30.584 Area = 2977 M
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Reviewer: davidsonm, 17-Dec-2019 11:59:53
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 31.847 Area = 2267
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Manual Integration Results
RT = 31.847 Area = 3760 M
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Reviewer: davidsonm, 17-Dec-2019 12:00:12
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
RT = 34.002 Area = 2023
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Manual Integration Results
RT = 34.002 Area = 2704 M
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Reviewer: davidsonm, 17-Dec-2019 11:59:53
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
TCDF
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
)

F1:m/z     303.9016

2,3,7,8-TCDF
          28.78

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
)

F1:m/z     305.8987

2,3,7,8-TCDF
          28.78

TCDF Interference Mass
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 24.287 Area = 3601
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Manual Integration Results
RT = 24.287 Area = 2665 M
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Reviewer: davidsonm, 17-Dec-2019 12:01:35
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 26.425 Area = 5322
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Manual Integration Results
RT = 26.425 Area = 8594 M
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Reviewer: davidsonm, 17-Dec-2019 12:01:35
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.46- 33.96)
Signal: 2

Processing Integration Results
RT = 26.442 Area = 8435
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Manual Integration Results
RT = 26.442 Area = 10558 M
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Reviewer: davidsonm, 17-Dec-2019 12:01:16
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 30.618 Area = 2197
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Manual Integration Results
RT = 30.618 Area = 3915 M
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Reviewer: davidsonm, 17-Dec-2019 12:01:35
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
PeCDD
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
PeCDD
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 1

Processing Integration Results
RT:  40.55
Area: 992
Amount:    0.082602
Amount Units: pg/ul
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Manual Integration Results
RT:  40.55
Area: 1737
Amount:    0.121146
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:01:57
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 2

Processing Integration Results
RT:  40.53
Area: 971
Amount:    0.082602
Amount Units: pg/ul
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Manual Integration Results
RT:  40.53
Area: 1142
Amount:    0.121146
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:02:46
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 38.894 Area = 851
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Manual Integration Results
RT = 38.894 Area = 851
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Reviewer: davidsonm, 17-Dec-2019 12:03:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 39.343 Area = 1732
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Manual Integration Results
RT = 39.343 Area = 1732
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Reviewer: davidsonm, 17-Dec-2019 12:03:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 40.325 Area = 948

39.7 39.9 40.1 40.3 40.5 40.7 40.9
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

Y
 ( 

X
10

0)
F2:m/z     355.8546

Manual Integration Results
RT = 40.325 Area = 948
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Reviewer: davidsonm, 17-Dec-2019 12:03:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 41.204 Area = 1372
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Manual Integration Results
RT = 41.204 Area = 1078 M
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Reviewer: davidsonm, 17-Dec-2019 12:03:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
PeCDF
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
PeCDF
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Report Date: 17-Dec-2019 12:06:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
PeCDF
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.74
Area: 28035
Amount:    1.849913
Amount Units: pg/ul
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Manual Integration Results
RT:  38.74
Area: 21996
Amount:    1.415193
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:03:45
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.74
Area: 46724
Amount:    1.849913
Amount Units: pg/ul
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Manual Integration Results
RT:  38.74
Area: 35195
Amount:    1.415193
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:03:47
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.62- 41.42
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Manual Integration Results
RT = 38.636 Area = 9131 M

38.0 38.2 38.4 38.6 38.8 39.0 39.2
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

70

Y
 ( 

X
10

0)

F2:m/z     339.8597

Reviewer: davidsonm, 17-Dec-2019 12:03:54
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
HxCDD
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
HxCDD
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          44.10
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HxCDD Lock Mass
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  44.83
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Manual Integration Results
RT:  44.81
Area: 2667
Amount:    0.171754
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:04:29
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  44.92
Area: 4481
Amount:    0.355210
Amount Units: pg/ul
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Manual Integration Results
RT:  44.92
Area: 4170
Amount:    0.268919
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:04:21
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  44.92
Area: 6551
Amount:    0.355210
Amount Units: pg/ul
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Manual Integration Results
RT:  44.92
Area: 4182
Amount:    0.268919
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:04:23
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  45.29
Area: 16466
Amount:    0.872694
Amount Units: pg/ul

44.9 45.1 45.3 45.5 45.7 45.9
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

45

Y
 ( 

X
10

0)

F3:m/z     389.8158

 4
5.

29
5

Manual Integration Results
RT:  45.29
Area: 15127
Amount:    0.814201
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:04:35
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  45.28
Area: 11344
Amount:    0.872694
Amount Units: pg/ul
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Manual Integration Results
RT:  45.28
Area: 10819
Amount:    0.814201
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:04:36
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
HxCDF
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          45.70
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          42.54
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          45.70
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          42.54
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
HxCDF
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Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
)
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1,2,3,4,7,8-HxCDF
          43.77

1,2,3,6,7,8-HxCDF
          43.91

Non-2,3,7,8-sub-HxCDF
          42.73 Non-2,3,7,8-sub-HxCDF

          45.70
Non-2,3,7,8-sub-HxCDF
          42.54
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Non-2,3,7,8-sub-HxCDF
          42.54

HxCDF Lock Mass
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Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802

Page 550 of 2476



Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
HxCDF
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1,2,3,4,7,8-HxCDF
          43.77

1,2,3,6,7,8-HxCDF
          43.91

Non-2,3,7,8-sub-HxCDF
          42.73 Non-2,3,7,8-sub-HxCDF

          45.70
Non-2,3,7,8-sub-HxCDF
          42.54
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          45.70
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          42.54

HxCDF Interference Mass
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
RT:  44.62
Area: 3580
Amount:    0.143599
Amount Units: pg/ul
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Manual Integration Results
RT:  44.62
Area: 2294
Amount:    0.114693
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:04:54
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 1

Processing Integration Results
RT:  44.62
Area: 3365
Amount:    0.143599
Amount Units: pg/ul
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Manual Integration Results
RT:  44.62
Area: 3253
Amount:    0.114693
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:04:56
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  45.59
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Manual Integration Results
RT:  45.60
Area: 637
Amount:    0.038340
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:05:06
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  45.59
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Manual Integration Results
RT:  45.57
Area: 993
Amount:    0.038340
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:05:08
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.54- 45.78)
Signal: 2

Processing Integration Results
RT = 42.728 Area = 6074

42.1 42.3 42.5 42.7 42.9 43.1 43.3
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

Y
 ( 

X
10

0)
F3:m/z     375.8178

Manual Integration Results
RT = 42.728 Area = 5650 M
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Reviewer: davidsonm, 17-Dec-2019 12:05:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.54- 45.78)
Signal: 1

Processing Integration Results
RT = 45.700 Area = 6254
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Manual Integration Results
RT = 45.700 Area = 5310 M
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Reviewer: davidsonm, 17-Dec-2019 12:05:37
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.54- 45.78)
Signal: 2

Processing Integration Results
RT = 45.700 Area = 8175
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Manual Integration Results
RT = 45.700 Area = 5913 M
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Reviewer: davidsonm, 17-Dec-2019 12:05:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
HpCDD
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
HpCDD
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDD, Signal: 1,   m/z: 423.7767, RT: ( 48.41- 49.67)
Signal: 1

Processing Integration Results
RT = 48.422 Area = 502086
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Manual Integration Results
RT = 48.422 Area = 493664 M
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Reviewer: davidsonm, 17-Dec-2019 12:06:01
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDD, Signal: 2,   m/z: 425.7737, RT: ( 48.41- 49.67)
Signal: 2

Processing Integration Results
RT = 48.405 Area = 468270
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Manual Integration Results
RT = 48.405 Area = 455211 M
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Reviewer: davidsonm, 17-Dec-2019 12:06:04
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
HpCDF
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
HpCDF
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HpCDF Lock Mass
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
HpCDF
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  47.93
Area: 16463
Amount:    0.693267
Amount Units: pg/ul
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Manual Integration Results
RT:  47.93
Area: 15306
Amount:    0.667631
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:06:12
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  50.28
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Manual Integration Results
RT:  50.28
Area: 1885
Amount:    0.127277
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:06:18
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  50.28
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Manual Integration Results
RT:  50.23
Area: 2537
Amount:    0.127277
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:06:21
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7817, RT: ( 47.80- 50.84)
Signal: 1

Processing Integration Results
RT = 48.557 Area = 15373

47.8 48.0 48.2 48.4 48.6 48.8 49.0 49.2
Min

0

3

6

9

12

15

18

21

24

27

30

33

36
Y

 ( 
X

10
0)

F4:m/z     407.7817

Manual Integration Results
RT = 48.557 Area = 13418 M
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Reviewer: davidsonm, 17-Dec-2019 12:06:30
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
OCDD

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F5:m/z     457.7377
OCDD
  53.85

54.30

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F5:m/z     459.7348
OCDD
  53.85

54.19 54.99

OCDD Standards

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F5:m/z     469.7780
13C-OCDD
  53.83

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F5:m/z     471.7750
13C-OCDD
  53.83

54.23

Page 570 of 2476



Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
OCDD
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OCDD Lock Mass
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 12:06:54 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36126 Sample Line#: 12
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 12:06:55 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  53.99
Area: 57637
Amount:    3.317486
Amount Units: pg/ul

53.6 53.8 54.0 54.2 54.4 54.6
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

Y
 ( 

X
10

00
)

F5:m/z     443.7399

 5
3.

98
6

Manual Integration Results
RT:  53.99
Area: 56288
Amount:    3.160069
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:06:40
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:06:55 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-5-a.d
Injection Date: 17-Dec-2019 09:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  53.99
Area: 52794
Amount:    3.317486
Amount Units: pg/ul
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Manual Integration Results
RT:  53.99
Area: 48903
Amount:    3.160069
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:06:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-5

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-A-5-Aa.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  05:08

Low1(uL)

20(uL)

% Moisture: 37.7

Sample wt/vol: 9.83(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.6 0.6051207-31-9 2,3,7,8-TCDF 34

%RECCAS NO. LIMITSQISOTOPE DILUTION

59 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 09:05:32 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-A-5-Aa.d
Lims ID: 140-17578-A-5-A          
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Sample Type: Client
Inject. Date: 18-Dec-2019 05:08:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-009
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:05:32

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:44      78657 0.77   1.2213       2.624       2.426   0.2482   0.2482  RQa
  2,3,7,8-TCDF 22:16     465715 0.79   1.1100        10.5        10.5   0.1823   0.1823
D 13C-2,3,7,8-TCDD 19:41    1327588 0.83   1.0031        31.8        31.8   0.5707   0.5707  63.64
D 13C-2,3,7,8-TCDF 22:14    1993621 0.80   1.6193        29.6        29.6   0.1806   0.1806  59.20  a
$ 37Cl4-2,3,7,8-TCDD 19:43     323923   1.1834       6.581       6.581   0.0457   0.0457  65.81

* 13C-1,2,3,4-TCDD 20:08    4159159 0.81  1.6E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  a - User Assigned ID
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Report Date: 18-Dec-2019 09:05:32 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-A-5-Aa.d
Lims ID: 140-17578-A-5-A          
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Sample Type: Client
Inject. Date: 18-Dec-2019 05:08:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-009
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:05:32

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD RQa
319.8965 19:44 19:44    1  1.003      40647       5535    343    857     16 a

Empc Correction      34218       4953    343    857     14
321.8936 19:43 19:44    0  1.002      44439       6433    143    357     45  0.91(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:16 22:14    0  1.002     206092      26474    214    535    124
305.8987 22:16 22:14    0  1.002     259623      34040    215    537    158  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:41 19:41   -1  0.977     603147      92501    669   1672    138
333.9338 19:41 19:41   -1  0.977     724441     107902    772   1930    140  0.83(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 22:14 22:14    0  1.104     887683     118497    397    992    298 a
317.9389 22:14 22:14    0  1.104    1105938     146418    339    847    432  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:43 19:42    0  0.979     323923      51889    136    340    382

13C-1,2,3,4-TCDD
331.9368 20:08 20:09   -1    1857607     283142    669   1672    423
333.9338 20:08 20:09   -1    2301552     346019    772   1930    448  0.81(0.65-0.89)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  a - User Assigned ID
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Report Date: 18-Dec-2019 09:05:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-A-5-Aa.d
Injection Date: 18-Dec-2019 05:08:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36167 Sample Line#: 9
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 09:05:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-A-5-Aa.d
Injection Date: 18-Dec-2019 05:08:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36167 Sample Line#: 9
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 09:05:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-A-5-Aa.d
Injection Date: 18-Dec-2019 05:08:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Worklist#: 36167 Sample Line#: 9
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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2,3,7,8-TCDF
          22.25

19.63

17.58
23.48 26.59

20.0815.57 28.69

TCDF Interference Mass
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Report Date: 18-Dec-2019 09:05:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-A-5-Aa.d
Injection Date: 18-Dec-2019 05:08:00 Instrument ID: D12C
Lims ID: 140-17578-A-5-A          Lab Sample ID: 140-17578-5              
Client ID: 11187072-120619-SS-SJSSA03(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  22.21
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Manual Integration Results
RT:  22.22
Area: 887683
Amount:   29.601843
Amount Units: pg/ul
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 2
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Reviewer: davidsonm, 18-Dec-2019 09:05:19
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-6

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-6-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  10:07

Low1(uL)

20(uL)

% Moisture: 28.2

Sample wt/vol: 9.95(g)

N

Analysis Batch No.: 36126 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.0691746-01-6 2,3,7,8-TCDD 3.8

1.4 0.069B q41903-57-5 Total TCDD 17

7.0 0.12J40321-76-4 1,2,3,7,8-PeCDD 0.32

7.0 0.12q36088-22-9 Total PeCDD 11

7.0 0.27J q39227-28-6 1,2,3,4,7,8-HxCDD 0.48

7.0 0.28J q57653-85-7 1,2,3,6,7,8-HxCDD 0.87

7.0 0.26J19408-74-3 1,2,3,7,8,9-HxCDD 2.3

7.0 0.27B q34465-46-8 Total HxCDD 53

7.0 0.11B35822-46-9 1,2,3,4,6,7,8-HpCDD 34

7.0 0.11B37871-00-4 Total HpCDD 130

14 0.053B3268-87-9 OCDD 810

1.4 0.066B q30402-14-3 Total TCDF 28

7.0 0.12J q57117-41-6 1,2,3,7,8-PeCDF 0.32

7.0 0.11J57117-31-4 2,3,4,7,8-PeCDF 0.26

7.0 0.11J I q30402-15-4 Total PeCDF 2.1

7.0 0.094J70648-26-9 1,2,3,4,7,8-HxCDF 0.66

7.0 0.09557117-44-9 1,2,3,6,7,8-HxCDF ND

7.0 0.1060851-34-5 2,3,4,6,7,8-HxCDF ND

7.0 0.1472918-21-9 1,2,3,7,8,9-HxCDF ND

7.0 0.11J I q55684-94-1 Total HxCDF 2.3

7.0 0.037J B67562-39-4 1,2,3,4,6,7,8-HpCDF 1.1

7.0 0.058J B55673-89-7 1,2,3,4,7,8,9-HpCDF 0.23

7.0 0.048J B38998-75-3 Total HpCDF 2.8

14 0.15J B39001-02-0 OCDF 5.5

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-6

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-6-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  10:07

Low1(uL)

20(uL)

% Moisture: 28.2

Sample wt/vol: 9.95(g)

N

Analysis Batch No.: 36126 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

63 25-16476523-40-5 13C-2,3,7,8-TCDD

68 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

64 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

70 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

69 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

64 17-157114423-97-1 13C-OCDD

62 24-16989059-46-1 13C-2,3,7,8-TCDF

65 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

66 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

68 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

67 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

68 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

66 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

70 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

65 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

67 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

69 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A          
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Sample Type: Client
Inject. Date: 17-Dec-2019 10:07:00 ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-013
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 12:40:39 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 12:40:39

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:46      45139 0.78   1.1733       1.356       1.356   0.0245   0.0245
A Non-2,3,7,8-sub-TCDD 29:30     156702 0.77   1.1733       4.787       4.706   0.0245    2.967  RQMa
S Total TCDD       6.143       6.062   0.0245   0.0245  RQ

  2,3,7,8-TCDF 28:47     263530 0.81   1.0881       5.236       5.236   0.0237   0.0237
A Non-2,3,7,8-sub-TCDF 28:13     235998 0.77   1.0881       4.790       4.689   0.0237    2.158  RQM
S Total TCDF        10.0       9.925   0.0237   0.0237  RQ

  1,2,3,7,8-PeCDD 40:33       2984 1.53   1.0434      0.1144      0.1144   0.0422   0.0422
A Non-2,3,7,8-sub-PeCDD 39:27     102393 1.55   1.0434       4.031       3.926   0.0422    2.127  RQMa
S Total PeCDD       4.146       4.040   0.0422   0.0422  RQ

  1,2,3,7,8-PeCDF 38:46       5154 1.55   1.1898      0.1368      0.1147   0.0415   0.0415  RQM
  2,3,4,7,8-PeCDF 39:59       3943 1.37   1.1095      0.0924      0.0924   0.0391   0.0391  M
A Non-2,3,7,8-sub-PeCDF 38:02      24269 1.55   1.1496      0.6553      0.5537   0.0401   0.1517  RQMa
S Total PeCDF      0.8845      0.7608   0.0403   0.0403  RQ

  1,2,3,4,7,8-HxCDD 44:49       5177 1.24   1.1409      0.2052      0.1713   0.0979   0.0979  RQM
  1,2,3,6,7,8-HxCDD 44:56      10763 1.24   1.1481      0.3545      0.3112   0.0988   0.0988  RQMa
  1,2,3,7,8,9-HxCDD 45:17      28618 1.37   1.2212      0.8277      0.8277   0.0922   0.0922  M
A Non-2,3,7,8-sub-HxCDD 44:19     579862 1.24   1.1700        17.7        17.5   0.0962     14.3  RQMa
S Total HxCDD        19.1        18.8   0.0963   0.0963  RQ

  1,2,3,4,7,8-HxCDF 43:48      12295 1.22   1.3629      0.2374      0.2374   0.0335   0.0335
  1,2,3,6,7,8-HxCDF 43:48   0.0341   0.0341  U
  2,3,4,6,7,8-HxCDF 44:40   0.0373   0.0373
  1,2,3,7,8,9-HxCDF 45:36   0.0488   0.0488
A Non-2,3,7,8-sub-HxCDF 44:10      30297 1.24   1.2905      0.5980      0.5718   0.0376   0.1913  RQ
S Total HxCDF      0.8355      0.8093   0.0384   0.0384  RQ

  1,2,3,4,6,7,8-HpCDD 49:36     359064 1.04   1.1204        12.0        12.0   0.0391   0.0391
A Non-2,3,7,8-sub-HpCDD 49:03    1013191 1.04   1.1204        33.8        33.8   0.0391     33.8  a
S Total HpCDD        45.8        45.8   0.0391   0.0391

  1,2,3,4,6,7,8-HpCDF 47:55      19558 1.07   1.4984      0.3786      0.3786   0.0134   0.0134  M
  1,2,3,4,7,8,9-HpCDF 50:14       3102 1.11   1.3807      0.0819      0.0819   0.0208   0.0208  M
A Non-2,3,7,8-sub-HpCDF 49:20      23477 1.09   1.4395      0.5269      0.5269   0.0164   0.4858  M
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF      0.9874      0.9874   0.0171   0.0171

  OCDD 53:51    7420206 0.90   1.2073       289.2       289.2   0.0191   0.0191
  OCDF 53:58      73708 0.86   1.1162       1.977       1.977   0.0534   0.0534  M
D 13C-2,3,7,8-TCDD 30:44    1419040 0.82   1.0709        31.4        31.4   0.2037   0.2037  62.78
D 13C-2,3,7,8-TCDF 28:45    2312694 0.82   1.7545        31.2        31.2   0.3200   0.3200  62.45
D 13C-1,2,3,7,8-PeCDD 40:31    1249878 1.54   0.8743        33.9        33.9   0.4166   0.4166  67.73
D 13C-1,2,3,7,8-PeCDF 38:44    1888558 1.56   1.3704        32.6        32.6   0.4104   0.4104  65.29
D 13C-2,3,4,7,8-PeCDF 39:59    1923846 1.66   1.3837        32.9        32.9   0.4065   0.4065  65.87
D 13C-1,2,3,4,7,8-HxCDD 44:48    1324770 1.31   0.8772        32.0        32.0   0.1081   0.1081  63.99
D 13C-1,2,3,6,7,8-HxCDD 44:55    1506392 1.29   0.9171        34.8        34.8   0.1034   0.1034  69.60
D 13C-1,2,3,4,7,8-HxCDF 43:46    1899646 0.52   1.1892        33.8        33.8   0.2699   0.2699  67.68
D 13C-1,2,3,6,7,8-HxCDF 43:54    2322223 0.57   1.4625        33.6        33.6   0.2195   0.2195  67.28
D 13C-2,3,4,6,7,8-HxCDF 44:36    2116043 0.54   1.3197        34.0        34.0   0.2432   0.2432  67.94
D 13C-1,2,3,7,8,9-HxCDF 45:33    1873331 0.55   1.2001        33.1        33.1   0.2674   0.2674  66.14
D 13C-1,2,3,4,6,7,8-HpCDD 49:35    1335899 1.12   0.8155        34.7        34.7   0.1819   0.1819  69.41
D 13C-1,2,3,4,6,7,8-HpCDF 47:55    1723963 0.46   1.0496        34.8        34.8   0.2899   0.2899  69.59
D 13C-1,2,3,4,7,8,9-HpCDF 50:14    1371070 0.47   0.8947        32.5        32.5   0.3401   0.3401  64.93
D 13C-OCDD 53:50    2125043 0.89   0.7044        63.9        63.9   0.2517   0.2517  63.91
D 13C-OCDF 53:58    3340846 0.91   1.0615        66.7        66.7   0.2133   0.2133  66.68
$ 37Cl4-2,3,7,8-TCDD 30:46     357946   1.2266       6.913       6.913   0.0427   0.0427  69.13

* 13C-1,2,3,4-TCDD 30:13    4221568 0.79  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:17    4720398 1.30    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A          
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Sample Type: Client
Inject. Date: 17-Dec-2019 10:07:00 ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-013
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 12:40:39 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 12:40:39

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:46 30:48   -5  1.001      19828       2093     15     37    140
321.8936 30:48 30:48   -3  1.002      25311       2527     19     47    133  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 24:54 29:30 -275  0.810       1991        330     15     37     22
321.8936 24:52 29:30 -277  0.809       3016        354     19     47     19  0.66(0.65-0.89)

319.8965 25:36 29:30 -233  0.833       2740        411     15     37     27
Empc Correction       1888        406     15     37     27

321.8936 25:35 29:30 -234  0.832       2453        528     19     47     28  1.12(0.65-0.89)

319.8965 26:16 29:30 -194  0.854       3588        569     15     37     38
321.8936 26:15 29:30 -195  0.854       4509        756     19     47     40  0.80(0.65-0.89)

319.8965 27:44 29:30 -106  0.902      43720       5449     15     37    363
321.8936 27:44 29:30 -106  0.902      55077       6976     19     47    367  0.79(0.65-0.89)

319.8965 28:16 29:30  -74  0.919       1549        193     15     37     13
321.8936 28:10 29:30  -80  0.916       2897        337     19     47     18  0.53(0.65-0.89) M

Empc Correction       2011        250     19     47     13

319.8965 28:48 29:30  -41  0.937        643        161     15     37     11 a
Empc Correction        398        117     15     37      8

321.8936 28:41 29:30  -48  0.933        517        152     19     47      8  1.24(0.65-0.89)

319.8965 29:22 29:30   -8  0.955       2994        339     15     37     23
Empc Correction       2263        310     15     37     21

321.8936 29:24 29:30   -6  0.956       2940        403     19     47     21  1.02(0.65-0.89)

319.8965 30:13 29:30   43  0.983       8160       1066     15     37     71
321.8936 30:13 29:30   43  0.983      10728       1156     19     47     61  0.76(0.65-0.89)

319.8965 30:33 29:30   64  0.994       1308        325     15     37     22
321.8936 30:30 29:30   61  0.992       1900        359     19     47     19  0.69(0.65-0.89)
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 31:56 29:30  146  1.039       1895        250     15     37     17
321.8936 31:51 29:30  141  1.036       2369        387     19     47     20  0.80(0.65-0.89)

319.8965 33:57 29:30  267  1.105       1985        326     15     37     22
321.8936 33:59 29:30  269  1.106       2437        344     19     47     18  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:47 28:51   -5  1.001     117725      11551     26     65    444
305.8987 28:47 28:51   -5  1.001     145805      14625     28     70    522  0.81(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 22:27 28:13 -345  0.781        432        145     26     65      6
305.8987 22:27 28:13 -345  0.781       1265        273     28     70     10  0.34(0.65-0.89)

Empc Correction        561        188     28     70      7

303.9016 23:49 28:13 -264  0.828       4617        735     26     65     28
Empc Correction       3444        435     26     65     17

305.8987 23:50 28:13 -263  0.829       4474        565     28     70     20  1.03(0.65-0.89)

303.9016 24:18 28:13 -234  0.845       1767        233     26     65      9
305.8987 24:20 28:13 -233  0.846       3429        377     28     70     13  0.52(0.65-0.89)

Empc Correction       2294        302     28     70     11

303.9016 24:37 28:13 -216  0.856        671        123     26     65      5
Empc Correction        500        147     26     65      6

305.8987 24:34 28:13 -219  0.854        650        192     28     70      7  1.03(0.65-0.89)

303.9016 25:05 28:13 -188  0.872       5567        822     26     65     32
305.8987 25:04 28:13 -189  0.872       7643       1028     28     70     37  0.73(0.65-0.89)

303.9016 25:48 28:13 -145  0.897       8250        726     26     65     28
305.8987 25:47 28:13 -146  0.897       9584        795     28     70     28  0.86(0.65-0.89) M

303.9016 26:25 28:13 -108  0.919       5189        599     26     65     23 M
305.8987 26:25 28:13 -108  0.919       7006        572     28     70     20  0.74(0.65-0.89) M

303.9016 26:56 28:13  -77  0.937       5350        681     26     65     26
Empc Correction       4084        562     26     65     22

305.8987 26:55 28:13  -78  0.936       5305        731     28     70     26  1.01(0.65-0.89)

303.9016 27:11 28:13  -62  0.946        906        180     26     65      7
305.8987 27:14 28:13  -59  0.947       1105        152     28     70      5  0.82(0.65-0.89)

303.9016 27:42 28:13  -32  0.963      47420       5603     26     65    216
305.8987 27:43 28:13  -31  0.964      61170       7981     28     70    285  0.78(0.65-0.89)

303.9016 28:16 28:13    3  0.983       3173        321     26     65     12
305.8987 28:21 28:13    8  0.986       4519        417     28     70     15  0.70(0.65-0.89) M

303.9016 29:09 28:13   56  1.014        827        143     26     65      6
305.8987 29:17 28:13   63  1.018       1284        169     28     70      6  0.64(0.65-0.89)

Empc Correction       1074        185     28     70      7

303.9016 30:01 28:13  107  1.044       7706       1005     26     65     39
305.8987 29:59 28:13  105  1.043      10722       1242     28     70     44  0.72(0.65-0.89)

303.9016 30:36 28:13  143  1.064       1655        257     26     65     10
305.8987 30:41 28:13  148  1.067       2602        309     28     70     11  0.64(0.65-0.89) M

Empc Correction       2149        333     28     70     12

303.9016 32:42 28:13  268  1.137       4414        363     26     65     14
305.8987 32:46 28:13  272  1.139       6059        768     28     70     27  0.73(0.65-0.89)
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 33:51 28:13  337  1.177       7431        814     26     65     31 M
305.8987 33:50 28:13  336  1.177       8918       1023     28     70     37  0.83(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 40:33 40:32   -2  1.001       1805        457     30     75     15
357.8516 40:33 40:32   -2  1.001       1179        240     66    165      4  1.53(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQMa

355.8546 37:35 39:27 -111  0.928      12144       1936     30     75     65
Empc Correction      10037       1655     30     75     55

357.8516 37:35 39:27 -111  0.928       6476       1068     66    165     16  1.88(1.32-1.78)

355.8546 38:26 39:27  -61  0.949      34655       6530     30     75    218
357.8516 38:26 39:27  -61  0.949      20816       4320     66    165     65  1.66(1.32-1.78)

355.8546 39:08 39:27  -19  0.966       1525        293     30     75     10 M
357.8516 39:06 39:27  -21  0.965        895        177     66    165      3  1.70(1.32-1.78)

355.8546 39:22 39:27   -5  0.971       1155        263     30     75      9 M
357.8516 39:23 39:27   -4  0.972        890        241     66    165      4  1.30(1.32-1.78)

Empc Correction        745        169     66    165      3

355.8546 39:39 39:27   12  0.979       1825        341     30     75     11
357.8516 39:39 39:27   12  0.979       1383        418     66    165      6  1.32(1.32-1.78)

355.8546 39:48 39:27   21  0.982      12565       2112     30     75     70
357.8516 39:49 39:27   22  0.983       8808       1427     66    165     22  1.43(1.32-1.78)

355.8546 41:12 39:27  104  1.017        917        157     30     75      5
357.8516 41:13 39:27  105  1.017       1092        233     66    165      4  0.84(1.32-1.78)

Empc Correction        591        101     66    165      2

1,2,3,7,8-PeCDF RQM
339.8597 38:46 38:45   -2  1.001       3133        665    112    280      6 M
341.8567 38:45 38:45   -3  1.000       3016        593     30     75     20  1.04(1.32-1.78) M

Empc Correction       2021        429     30     75     14

2,3,4,7,8-PeCDF M
339.8597 39:59 40:00   -4  1.000       2276        426    112    280      4 M
341.8567 40:00 40:00   -3  1.000       1667        333     30     75     11  1.37(1.32-1.78) M

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 34:42 38:02 -200  0.896       2277        293    112    280      3 M
341.8567 34:37 38:02 -204  0.894       2827        398     30     75     13  0.81(1.32-1.78)

Empc Correction       1469        189     30     75      6

339.8597 37:13 38:02  -49  0.961       4199        548    112    280      5
341.8567 37:17 38:02  -45  0.963       2449        344     30     75     11  1.71(1.32-1.78)

339.8597 38:05 38:02    4  0.984       2254        421    112    280      4
341.8567 38:06 38:02    5  0.984       2915        420     30     75     14  0.77(1.32-1.78)

Empc Correction       1454        271     30     75      9

339.8597 39:23 38:02   81  1.017       2881        407    112    280      4 M
341.8567 39:22 38:02   80  1.016       2393        355     30     75     12  1.20(1.32-1.78)

Empc Correction       1858        262     30     75      9

339.8597 40:16 38:02  134  1.040       1249        341    112    280      3 M
341.8567 40:16 38:02  134  1.040       1273        173     30     75      6  0.98(1.32-1.78)

Empc Correction        805        220     30     75      7
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

339.8597 41:25 38:02  203  1.069       2051        411    112    280      4 M
341.8567 41:26 38:02  204  1.070       1951        333     30     75     11  1.05(1.32-1.78) M

Empc Correction       1323        265     30     75      9

1,2,3,4,7,8-HxCDD RQM
389.8158 44:49 44:48   -2  1.000       2866        821     21     52     39 M
391.8127 44:48 44:48   -3  1.000       3337        749    278    695      3  0.86(1.05-1.43) M

Empc Correction       2311        662    278    695      2

1,2,3,6,7,8-HxCDD RQMa
389.8158 44:56 44:55   -2  1.000       7457       1742     21     52     83 M

Empc Correction       5958       1213     21     52     58
391.8127 44:55 44:55   -3  1.000       4805        979    278    695      4  1.55(1.05-1.43) M

1,2,3,7,8,9-HxCDD M
389.8158 45:17 45:17   -4  1.011      16530       3349     21     52    159 M
391.8127 45:18 45:17   -3  1.011      12088       2303    278    695      8  1.37(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQMa

389.8158 43:14 44:19  -65  0.963     265364      67403     21     52   3210
391.8127 43:14 44:19  -65  0.963     208373      55277    278    695    199  1.27(1.05-1.43)

389.8158 43:49 44:19  -30  0.976       6534       1422     21     52     68 M
Empc Correction       4667       1274     21     52     61

391.8127 43:48 44:19  -31  0.975       3764       1028    278    695      4  1.74(1.05-1.43)

389.8158 44:06 44:19  -13  0.982      47893      10560     21     52    503
391.8127 44:06 44:19  -13  0.982      40732       9245    278    695     33  1.18(1.05-1.43) M

389.8158 44:16 44:19   -3  0.986       8389       1725     21     52     82 M
Empc Correction       5020       1160     21     52     55

391.8127 44:16 44:19   -3  0.986       4049        936    278    695      3  2.07(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 43:48 43:48   -1  1.001       6756       1445     79    197     18
375.8178 43:47 43:48   -2  1.000       5539       1386    107    267     13  1.22(1.05-1.43)

1,2,3,6,7,8-HxCDF U
373.8208 43:56      79     197
375.8178 43:56     107     267

2,3,4,6,7,8-HxCDF
373.8208 44:37      79     197
375.8178 44:37     107     267

1,2,3,7,8,9-HxCDF
373.8208 45:34      79     197
375.8178 45:34     107     267

A Non-2,3,7,8-sub-HxCDF RQ

373.8208 42:44 44:10  -86  0.973       4918       1138     79    197     14
375.8178 42:44 44:10  -86  0.973       5353       1503    107    267     14  0.92(1.05-1.43)

Empc Correction       3966        917    107    267      9

373.8208 43:20 44:10  -50  0.987       4164        910     79    197     12
375.8178 43:19 44:10  -51  0.987       3608        927    107    267      9  1.15(1.05-1.43)

373.8208 43:32 44:10  -38  0.992       5645       1676     79    197     21
375.8178 43:32 44:10  -38  0.992       4490       1383    107    267     13  1.26(1.05-1.43)
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

373.8208 44:27 44:10   17  1.013       1801        551     79    197      7
375.8178 44:27 44:10   17  1.013       1705        421    107    267      4  1.06(1.05-1.43)

1,2,3,4,6,7,8-HpCDD
423.7767 49:36 49:37   -2  1.000     182643      32572     32     80   1018
425.7737 49:36 49:37   -2  1.000     176421      29978     52    130    577  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD a

423.7767 48:25 49:03  -38  0.976     515731      96196     32     80   3006 a
425.7737 48:25 49:03  -38  0.976     497460      94635     52    130   1820  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDF M
407.7817 47:55 47:55   -3  1.000      10096       2141     31     77     69 M
409.7788 47:55 47:55   -3  1.000       9462       1942     24     60     81  1.07(0.88-1.20) M

1,2,3,4,7,8,9-HpCDF M
407.7817 50:14 50:15   -3  1.000       1630        368     31     77     12 M
409.7788 50:15 50:15   -2  1.000       1472        347     24     60     14  1.11(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDF M

407.7817 48:19 49:20  -61  1.008        996        216     31     77      7
409.7788 48:18 49:20  -62  1.008        838        171     24     60      7  1.19(0.88-1.20) M

407.7817 48:34 49:20  -46  1.013      11237       2385     31     77     77
409.7788 48:34 49:20  -46  1.013      10406       1808     24     60     75  1.08(0.88-1.20) M

OCDD
457.7377 53:51 53:53   -2  1.000    3510988     740554     21     52  35264
459.7348 53:50 53:53   -3  1.000    3909218     802083     21     52  38194  0.90(0.76-1.02)

OCDF M
441.7428 53:58 53:58   -3  1.000      34122       7838     58    145    135 M
443.7399 53:58 53:58   -3  1.000      39586       9578    116    290     83  0.86(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:44 30:45   -4  1.017     638772      66680    266    665    251
333.9338 30:43 30:45   -5  1.017     780268      81277    151    377    538  0.82(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:45 28:46   -4  0.952    1043498     116495    602   1505    194
317.9389 28:45 28:46   -4  0.952    1269196     145502    471   1177    309  0.82(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:31 40:30   -3  1.341     757466     164845    257    642    641
369.8919 40:31 40:30   -3  1.341     492412     107705    439   1097    245  1.54(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:44 38:42   -3  1.282    1152036     220274    643   1607    343
353.8970 38:44 38:42   -3  1.282     736522     139183    432   1080    322  1.56(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 39:59 39:58   -3  1.323    1199871     252775    643   1607    393
353.8970 39:59 39:58   -3  1.323     723975     156880    432   1080    363  1.66(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:48 44:49   -2  0.989     751194     186961    300    750    623
403.8529 44:48 44:49   -2  0.989     573576     147384     86    215   1714  1.31(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:55 44:56   -2  0.992     847912     183372    300    750    611
403.8529 44:55 44:56   -2  0.992     658480     145886     86    215   1696  1.29(1.05-1.43)
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8-HxCDF
383.8639 43:46 43:47   -2  0.966     651858     179190    403   1007    445
385.8610 43:46 43:47   -2  0.966    1247788     330266    904   2260    365  0.52(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:54 43:56   -2  0.969     840584     190523    403   1007    473
385.8610 43:54 43:56   -2  0.969    1481639     343793    904   2260    380  0.57(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:36 44:39   -3  0.985     743119     168351    403   1007    418
385.8610 44:36 44:39   -3  0.985    1372924     324495    904   2260    359  0.54(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:33 45:35   -2  1.006     666150     131968    403   1007    327
385.8610 45:33 45:35   -2  1.006    1207181     247226    904   2260    273  0.55(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:35 49:36   -2  1.095     706390     127918    254    635    504
437.8140 49:35 49:36   -2  1.095     629509     111997    350    875    320  1.12(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:55 47:57   -2  1.058     546529     104619    401   1002    261
419.8220 47:54 47:57   -3  1.058    1177434     237382    838   2095    283  0.46(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:14 50:16   -2  1.109     435589      77776    401   1002    194
419.8220 50:14 50:16   -2  1.109     935481     161047    838   2095    192  0.47(0.37-0.51)

13C-OCDD
469.7780 53:50 53:52   -2  1.189     998142     213547    414   1035    516
471.7750 53:50 53:52   -2  1.189    1126901     241782    308    770    785  0.89(0.76-1.02)

13C-OCDF
453.7830 53:58 54:01   -2  1.192    1593457     357541    509   1272    702
455.7801 53:58 54:01   -2  1.192    1747389     372816    413   1032    903  0.91(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:46 30:48   -5  1.018     357946      39264    100    250    393

13C-1,2,3,4-TCDD
331.9368 30:13 30:19   -6    1868235     209100    266    665    786
333.9338 30:14 30:19   -5    2353333     268626    151    377   1779  0.79(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:17 45:20   -3    2668965     570401    300    750   1901
403.8529 45:17 45:20   -3    2051433     447481     86    215   5203  1.30(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Inject. Date: 17-Dec-2019 10:07:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 13

Non-2,3,7,8-sub-TCDD, RT: 29.485

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1419040          147957
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1419040          147957

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:54              1991               330              3016               354      0.1504 0.66
25:36              2740               411              2453               528      0.1560 1.12 RQ
25:36              1888               406              2453               528      0.1304 Empc Correction
26:16              3588               569              4509               756      0.2432 0.80
27:44             43720              5449             55077              6976        2.97 0.79
28:16              1549               193              2897               337      0.1335 0.53 RQM
28:16              1549               193              2011               250      0.1069 Empc Correction
28:48               643               161               517               152      0.0348 1.24 RQa
28:48               398               117               517               152      0.0275 Empc Correction
29:22              2994               339              2940               403      0.1782 1.02 RQ
29:22              2263               310              2940               403      0.1563 Empc Correction
30:13              8160              1066             10728              1156      0.5672 0.76
30:33              1308               325              1900               359      0.0963 0.69
31:56              1895               250              2369               387      0.1281 0.80
33:57              1985               326              2437               344      0.1328 0.81
Signal Totals:

            68745              9341             87957             11665
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           159416             21171 0.79 RQMa
           156702             21006 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.787 = (159416 * 50.000) / (1419040 * 1.173)
Empc Amount:          4.706 = (156702 * 50.000) / (1419040 * 1.173)
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Inject. Date: 17-Dec-2019 10:07:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 13

Non-2,3,7,8-sub-TCDF, RT: 28.214

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2312694          261997
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2312694          261997

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

22:27               432               145              1265               273      0.0337 0.34 RQ
22:27               432               145               561               188      0.0197 Empc Correction
23:49              4617               735              4474               565      0.1806 1.03 RQ
23:49              3444               435              4474               565      0.1573 Empc Correction
24:18              1767               233              3429               377      0.1032 0.52 RQ
24:18              1767               233              2294               302      0.0807 Empc Correction
24:37               671               123               650               192      0.0262 1.03 RQ
24:37               500               147               650               192      0.0228 Empc Correction
25:05              5567               822              7643              1028      0.2625 0.73
25:48              8250               726              9584               795      0.3543 0.86 M
26:25              5189               599              7006               572      0.2423 0.74 M
26:56              5350               681              5305               731      0.2117 1.01 RQ
26:56              4084               562              5305               731      0.1865 Empc Correction
27:11               906               180              1105               152      0.0400 0.82
27:42             47420              5603             61170              7981        2.16 0.78
28:16              3173               321              4519               417      0.1528 0.70 M
29:09               827               143              1284               169      0.0419 0.64 RQ
29:09               827               143              1074               185      0.0378 Empc Correction
30:01              7706              1005             10722              1242      0.3661 0.72
30:36              1655               257              2602               309      0.0846 0.64 RQM
30:36              1655               257              2149               333      0.0756 Empc Correction
32:42              4414               363              6059               768      0.2081 0.73
33:51              7431               814              8918              1023      0.3248 0.83 M
Signal Totals:

           102765             12355            133233             16474
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           241110             29344 0.78 RQM
           235998             28829 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.790 = (241110 * 50.000) / (2312694 * 1.088)
Empc Amount:          4.689 = (235998 * 50.000) / (2312694 * 1.088)
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Inject. Date: 17-Dec-2019 10:07:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 13

Non-2,3,7,8-sub-PeCDD, RT: 39.441

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1249878          272550
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1249878          272550

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:35             12144              1936              6476              1068      0.7139 1.88 RQ
37:35             10037              1655              6476              1068      0.6331 Empc Correction
38:26             34655              6530             20816              4320        2.13 1.66
39:08              1525               293               895               177      0.0928 1.70 Ma
39:22              1155               263               890               241      0.0784 1.30 RQMa
39:22              1155               263               745               169      0.0728 Empc Correction
39:39              1825               341              1383               418      0.1230 1.32
39:48             12565              2112              8808              1427      0.8194 1.43
41:12               917               157              1092               233      0.0770 0.84 RQ
41:12               917               157               591               101      0.0578 Empc Correction
Signal Totals:

            62679             11351             39714              7680
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           105146             19516 1.61 RQMa
           102393             19031 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.031 = (105146 * 50.000) / (1249878 * 1.043)
Empc Amount:          3.926 = (102393 * 50.000) / (1249878 * 1.043)
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QC Flag Legend
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Inject. Date: 17-Dec-2019 10:07:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 13

Non-2,3,7,8-sub-PeCDF, RT: 38.019

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         1888558          359457
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1923846          409655
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         1906202          384556

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:42              2277               293              2827               398      0.1165 0.81 RQMa
34:42              2277               293              1469               189      0.0855 Empc Correction
37:13              4199               548              2449               344      0.1517 1.71
38:05              2254               421              2915               420      0.1179 0.77 RQ
38:05              2254               421              1454               271      0.0846 Empc Correction
39:23              2881               407              2393               355      0.1203 1.20 RQMa
39:23              2881               407              1858               262      0.1081 Empc Correction
40:16              1249               341              1273               173      0.0575 0.98 RQMa
40:16              1249               341               805               220      0.0469 Empc Correction
41:25              2051               411              1951               333      0.0913 1.05 RQM
41:25              2051               411              1323               265      0.0770 Empc Correction
Signal Totals:

            14911              2421              9358              1551
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            28719              4444 1.08 RQMa
            24269              3972 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.6553 = (28719 * 50.000) / (1906202 * 1.150)
Empc Amount:         0.5537 = (24269 * 50.000) / (1906202 * 1.150)
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Inject. Date: 17-Dec-2019 10:07:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 13

Non-2,3,7,8-sub-HxCDD, RT: 44.311

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1324770          334345
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1506392          329258
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1415581          331801

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:14            265364             67403            208373             55277        14.3 1.27
43:49              6534              1422              3764              1028      0.3109 1.74 RQMa
43:49              4667              1274              3764              1028      0.2545 Empc Correction
44:06             47893             10560             40732              9245        2.68 1.18 M
44:16              8389              1725              4049               936      0.3755 2.07 RQMa
44:16              5020              1160              4049               936      0.2738 Empc Correction
Signal Totals:

           322944             80397            256918             66486
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           585098            147596 1.28 RQMa
           579862            146883 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         17.663 = (585098 * 50.000) / (1415581 * 1.170)
Empc Amount:         17.505 = (579862 * 50.000) / (1415581 * 1.170)
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Inject. Date: 17-Dec-2019 10:07:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 13

Non-2,3,7,8-sub-HxCDF, RT: 44.159

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1899646          509456
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         2322223          534316
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         2116043          492846
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1873331          379194
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         2052810          478953

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:44              4918              1138              5353              1503      0.1939 0.92 RQ
42:44              4918              1138              3966               917      0.1677 Empc Correction
43:20              4164               910              3608               927      0.1467 1.15
43:32              5645              1676              4490              1383      0.1913 1.26
44:27              1801               551              1705               421      0.0662 1.06
Signal Totals:

            16528              4275             13769              3648
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            31684              8509 1.09 RQ
            30297              7923 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.5980 = (31684 * 50.000) / (2052810 * 1.290)
Empc Amount:         0.5718 = (30297 * 50.000) / (2052810 * 1.290)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Inject. Date: 17-Dec-2019 10:07:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 13

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1335899          239915
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1335899          239915

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:25            515731             96196            497460             94635        33.8 1.04 a
Signal Totals:

           515731             96196            497460             94635
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1013191            190831 1.04 a

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         33.846 = (1013191 * 50.000) / (1335899 * 1.120)

QC Flag Legend

Review Flags
a - User Assigned ID
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Inject. Date: 17-Dec-2019 10:07:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 13

Non-2,3,7,8-sub-HpCDF, RT: 49.317

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1723963          342001
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1371070          238823
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1547516          290412

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:19               996               216               838               171      0.0412 1.19 M
48:34             11237              2385             10406              1808      0.4858 1.08 M
Signal Totals:

            12233              2601             11244              1979
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            23477              4580 1.09 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.5269 = (23477 * 50.000) / (1547516 * 1.440)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 12:40:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

0)

F1:m/z     319.8965
Non-2,3,7,8-sub-TCDD
          27.72

2,3,7,8-TCDD
          30.77
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F1:m/z     321.8936
Non-2,3,7,8-sub-TCDD
          27.72

2,3,7,8-TCDD
          30.80

TCDD Standards
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F1:m/z     331.9368
13C-1,2,3,4-TCDD
          30.21

13C-2,3,7,8-TCDD
          30.73
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F1:m/z     333.9338
13C-1,2,3,4-TCDD
          30.23

13C-2,3,7,8-TCDD
          30.71

31.17
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Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min
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F1:m/z     319.8965

Non-2,3,7,8-sub-TCDD
          27.72

2,3,7,8-TCDD
          30.77

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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Y
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10
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F1:m/z     321.8936

Non-2,3,7,8-sub-TCDD
          27.72

2,3,7,8-TCDD
          30.80

TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min
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F1:m/z     313.9834
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
RT = 28.156 Area = 3277
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F1:m/z     321.8936

Manual Integration Results
RT = 28.156 Area = 2897 M
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F1:m/z     321.8936

Reviewer: davidsonm, 17-Dec-2019 12:07:38
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
TCDF
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
TCDF
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.46- 33.96)
Signal: 2

Processing Integration Results
RT = 25.782 Area = 7186
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Manual Integration Results
RT = 25.782 Area = 9584 M
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Reviewer: davidsonm, 17-Dec-2019 12:08:54
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 26.404 Area = 3436
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Manual Integration Results
RT = 26.404 Area = 5189 M
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Reviewer: davidsonm, 17-Dec-2019 12:09:21
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.46- 33.96)
Signal: 2

Processing Integration Results
RT = 26.404 Area = 4292
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Manual Integration Results
RT = 26.404 Area = 7006 M
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Reviewer: davidsonm, 17-Dec-2019 12:08:54
Audit Action: Manually Integrated Audit Reason: Incomplete Integration

Page 617 of 2476



Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.46- 33.96)
Signal: 2

Processing Integration Results
RT = 28.341 Area = 2585
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Manual Integration Results
RT = 28.341 Area = 4519 M
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Reviewer: davidsonm, 17-Dec-2019 12:08:54
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.46- 33.96)
Signal: 2

Processing Integration Results
RT = 30.681 Area = 2466
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Manual Integration Results
RT = 30.681 Area = 2602 M
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Reviewer: davidsonm, 17-Dec-2019 12:08:54
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.46- 33.96)
Signal: 1

Processing Integration Results
RT = 33.846 Area = 6487
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Manual Integration Results
RT = 33.846 Area = 7431 M
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Reviewer: davidsonm, 17-Dec-2019 12:09:21
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
PeCDD
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 39.132 Area = 1525
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Manual Integration Results
RT = 39.132 Area = 1525
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Reviewer: davidsonm, 17-Dec-2019 12:11:03
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 39.356 Area = 1155
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Manual Integration Results
RT = 39.356 Area = 1155
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Reviewer: davidsonm, 17-Dec-2019 12:11:03
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
PeCDF
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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          38.75
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          37.20

Non-2,3,7,8-sub-PeCDF
          41.41

Non-2,3,7,8-sub-PeCDF
          34.68
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          34.61
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          41.42
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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Y
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F2:m/z     339.8597

1,2,3,7,8-PeCDF
          38.75

Non-2,3,7,8-sub-PeCDF
          37.20

Non-2,3,7,8-sub-PeCDF
          41.41

Non-2,3,7,8-sub-PeCDF
          34.68
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          34.61

Non-2,3,7,8-sub-PeCDF
          41.42

PeCDF Interference Mass
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.75
Area: 3728
Amount:    0.155565
Amount Units: pg/ul
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Manual Integration Results
RT:  38.75
Area: 3133
Amount:    0.136828
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:11:46
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.74
Area: 3263
Amount:    0.155565
Amount Units: pg/ul
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Manual Integration Results
RT:  38.74
Area: 3016
Amount:    0.136828
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:11:49
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

2,3,4,7,8-PeCDF, CAS: 57117-31-4
Signal: 1

Processing Integration Results
RT:  39.98
Area: 2072
Amount:    0.084214
Amount Units: pg/ul
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Manual Integration Results
RT:  39.98
Area: 2276
Amount:    0.092366
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:12:00
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

2,3,4,7,8-PeCDF, CAS: 57117-31-4
Signal: 2

Processing Integration Results
RT:  39.99
Area: 1523
Amount:    0.084214
Amount Units: pg/ul
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Manual Integration Results
RT:  39.99
Area: 1667
Amount:    0.092366
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:12:05
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.62- 41.42

34.3 34.5 34.7 34.9 35.1 35.3
Min

2

4

6

8

10

12

14

16

18

20

22

24

26

28

30

32
Y

 ( 
X

10
)

F2:m/z     339.8597

Manual Integration Results
RT = 34.684 Area = 2277 M
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Reviewer: davidsonm, 17-Dec-2019 12:13:53
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.62- 41.42
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Manual Integration Results
RT = 39.373 Area = 2881 M
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Reviewer: davidsonm, 17-Dec-2019 12:13:53
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.62- 41.42
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Manual Integration Results
RT = 40.252 Area = 1249 M
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Reviewer: davidsonm, 17-Dec-2019 12:13:53
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.62- 41.42
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Manual Integration Results
RT = 41.408 Area = 2051 M
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Reviewer: davidsonm, 17-Dec-2019 12:13:53
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.62- 41.42)
Signal: 2

Processing Integration Results
RT = 41.425 Area = 1484
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Manual Integration Results
RT = 41.425 Area = 1951 M
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Reviewer: davidsonm, 17-Dec-2019 12:12:39
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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Non-2,3,7,8-sub-HxCDD
          43.23

Non-2,3,7,8-sub-HxCDD
          44.09

45.73
45.4345.04
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Non-2,3,7,8-sub-HxCDD
          44.09

42.57 45.04

HxCDD Lock Mass
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  44.83
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Manual Integration Results
RT:  44.80
Area: 2866
Amount:    0.205212
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:15:14
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  44.83
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Manual Integration Results
RT:  44.78
Area: 3337
Amount:    0.205212
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:15:17
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  44.95
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Manual Integration Results
RT:  44.92
Area: 7457
Amount:    0.354493
Amount Units: pg/ul

44.5 44.7 44.9 45.1 45.3
Min

RT

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

0)

F3:m/z     389.8158

 4
4.

92
0

Reviewer: davidsonm, 17-Dec-2019 12:15:25
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 641 of 2476



Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  44.95
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Manual Integration Results
RT:  44.90
Area: 4805
Amount:    0.354493
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:15:27
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  45.27
Area: 18296
Amount:    0.878826
Amount Units: pg/ul

44.9 45.1 45.3 45.5 45.7 45.9
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

Y
 ( 

X
10

0)

F3:m/z     389.8158

 4
5.

27
4

Manual Integration Results
RT:  45.27
Area: 16530
Amount:    0.827747
Amount Units: pg/ul

44.9 45.1 45.3 45.5 45.7 45.9
Min

RT

0

5

10

15

20

25

30

35

40

45

50

55

60

Y
 ( 

X
10

0)

F3:m/z     389.8158

 4
5.

27
4

Reviewer: davidsonm, 17-Dec-2019 12:15:31
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8158, RT: ( 43.23- 45.39)
Signal: 1

Processing Integration Results
RT = 43.805 Area = 6534
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Manual Integration Results
RT = 43.805 Area = 6534
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Reviewer: davidsonm, 17-Dec-2019 12:16:09
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 43.23- 45.39)
Signal: 2

Processing Integration Results
RT = 44.092 Area = 44776
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Manual Integration Results
RT = 44.092 Area = 40732 M
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Reviewer: davidsonm, 17-Dec-2019 12:15:50
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8158, RT: ( 43.23- 45.39)
Signal: 1

Processing Integration Results
RT = 44.261 Area = 8389
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Manual Integration Results
RT = 44.261 Area = 8389
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Reviewer: davidsonm, 17-Dec-2019 12:16:09
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
HxCDF
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13C-1,2,3,7,8,9-HxCDF
          45.54

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F3:m/z     385.8610
13C-1,2,3,6,7,8-HxCDF
          43.89

13C-1,2,3,7,8,9-HxCDF
          45.54
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
HxCDF
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          43.79
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          42.72
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HxCDF Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802

Page 648 of 2476



Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
HxCDF
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Non-2,3,7,8-sub-HxCDF
          42.72

HxCDF Interference Mass
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
HpCDD

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F4:m/z     423.7767
Non-2,3,7,8-sub-HpCDD
          48.40

1,2,3,4,6,7,8-HpCDD
          49.59

48.74 49.84 51.7150.75

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F4:m/z     425.7737
Non-2,3,7,8-sub-HpCDD
          48.40

1,2,3,4,6,7,8-HpCDD
          49.59

48.81 51.7348.94 50.21 50.72

HpCDD Standards

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
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Y
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X
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0)

F4:m/z     435.8169
13C-1,2,3,4,6,7,8-HpCDD
          49.57

48.40

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8
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Y
 ( 

X
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00
0)

F4:m/z     437.8140
13C-1,2,3,4,6,7,8-HpCDD
          49.57

48.39
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
HpCDD

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F4:m/z     423.7767

Non-2,3,7,8-sub-HpCDD
          48.40

1,2,3,4,6,7,8-HpCDD
          49.59

48.74 49.84 51.7150.75

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F4:m/z     425.7737

Non-2,3,7,8-sub-HpCDD
          48.40

1,2,3,4,6,7,8-HpCDD
          49.59

48.81 51.7348.94 50.21 50.72

HpCDD Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

0)

F4:m/z     407.7817
Non-2,3,7,8-sub-HpCDF
          48.55

47.71 48.71
1,2,3,4,7,8,9-HpCDF
          50.23

48.06 50.33

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18
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24

Y
 ( 

X
10

0)

F4:m/z     409.7788
1,2,3,4,6,7,8-HpCDF
          47.91

47.69 1,2,3,4,7,8,9-HpCDF
          50.2448.71

49.38

HpCDF Standards

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F4:m/z     417.8250
13C-1,2,3,4,6,7,8-HpCDF
          47.91

13C-1,2,3,4,7,8,9-HpCDF
          50.23

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

4

8

12

16

20
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Y
 ( 

X
10

00
0)

F4:m/z     419.8220
13C-1,2,3,4,6,7,8-HpCDF
          47.90

13C-1,2,3,4,7,8,9-HpCDF
          50.23
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

0)

F4:m/z     407.7817

Non-2,3,7,8-sub-HpCDF
          48.55

47.71 48.71
1,2,3,4,7,8,9-HpCDF
          50.23

48.06
50.33

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

0)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.91

47.69
1,2,3,4,7,8,9-HpCDF
          50.2448.71

49.38

HpCDF Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

0)

F4:m/z     407.7817

Non-2,3,7,8-sub-HpCDF
          48.55

47.71 48.71
1,2,3,4,7,8,9-HpCDF
          50.23

48.06
50.33

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

0)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.91

47.69
1,2,3,4,7,8,9-HpCDF
          50.2448.71

49.38

HpCDF Interference Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

2

5

8

11

14

17

20

23

26

Y
 ( 

X
10

)

F4:m/z     479.7165 47.68
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  47.91
Area: 10559
Amount:    0.395508
Amount Units: pg/ul

47.5 47.7 47.9 48.1 48.3
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F4:m/z     407.7817

 4
7.

91
3

Manual Integration Results
RT:  47.91
Area: 10096
Amount:    0.378571
Amount Units: pg/ul

47.5 47.7 47.9 48.1 48.3
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F4:m/z     407.7817
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3

Reviewer: davidsonm, 17-Dec-2019 12:39:58
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  47.91
Area: 9874
Amount:    0.395508
Amount Units: pg/ul

47.5 47.7 47.9 48.1 48.3
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Manual Integration Results
RT:  47.91
Area: 9462
Amount:    0.378571
Amount Units: pg/ul
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Min

RT

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

0)
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Reviewer: davidsonm, 17-Dec-2019 12:40:01
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  50.23
Area: 1820
Amount:    0.096696
Amount Units: pg/ul
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Manual Integration Results
RT:  50.23
Area: 1630
Amount:    0.081931
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:40:07
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 2

Processing Integration Results
RT:  50.24
Area: 1841
Amount:    0.096696
Amount Units: pg/ul
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Manual Integration Results
RT:  50.24
Area: 1472
Amount:    0.081931
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:40:13
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 658 of 2476



Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7788, RT: ( 47.80- 50.84)
Signal: 2

Processing Integration Results
RT = 48.284 Area = 1113
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Manual Integration Results
RT = 48.284 Area = 838 M
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Reviewer: davidsonm, 17-Dec-2019 12:40:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7788, RT: ( 47.80- 50.84)
Signal: 2

Processing Integration Results
RT = 48.555 Area = 12051
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Manual Integration Results
RT = 48.555 Area = 10406 M
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Reviewer: davidsonm, 17-Dec-2019 12:40:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
OCDD
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
OCDD
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OCDD Lock Mass
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36126 Sample Line#: 13
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  53.97
Area: 36837
Amount:    2.108100
Amount Units: pg/ul
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Manual Integration Results
RT:  53.97
Area: 34122
Amount:    1.976642
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:07:17
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 12:40:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-6-a.d
Injection Date: 17-Dec-2019 10:07:00 Instrument ID: D2A
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  53.97
Area: 41773
Amount:    2.108100
Amount Units: pg/ul
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Manual Integration Results
RT:  53.97
Area: 39586
Amount:    1.976642
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:07:18
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-6

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-6-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  03:58

Low1(uL)

20(uL)

% Moisture: 28.2

Sample wt/vol: 9.95(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.5451207-31-9 2,3,7,8-TCDF 12

%RECCAS NO. LIMITSQISOTOPE DILUTION

61 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 09:04:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A          
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Sample Type: Client
Inject. Date: 18-Dec-2019 03:58:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-007
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:04:44 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:04:44

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:43      47710 0.80   1.2213       1.336       1.336   0.2238   0.2238
  2,3,7,8-TCDF 22:14     205184 0.83   1.1100       4.226       4.226   0.1945   0.1945  M
D 13C-2,3,7,8-TCDD 19:42    1462404 0.79   1.0031        32.8        32.8   0.5456   0.5456  65.52
D 13C-2,3,7,8-TCDF 22:13    2186757 0.83   1.6193        30.3        30.3   0.1770   0.1770  60.69  a
$ 37Cl4-2,3,7,8-TCDD 19:43     351369   1.1834       6.672       6.672   0.1167   0.1167  66.72

* 13C-1,2,3,4-TCDD 20:08    4450200 0.78  1.6E+05       100.0       100.0

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 09:04:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-6-a.d
Lims ID: 140-17578-A-6-A          
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Sample Type: Client
Inject. Date: 18-Dec-2019 03:58:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-007
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:04:44 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:04:44

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:43 19:42    0  1.001      21201       2830     86    215     33
321.8936 19:44 19:42    1  1.002      26509       3959    409   1022     10  0.80(0.65-0.89)

2,3,7,8-TCDF M
303.9016 22:14 22:14   -1  1.001      93038      12556    197    492     64 M
305.8987 22:14 22:14   -1  1.001     112146      15030    305    762     49  0.83(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:42 19:41    0  0.978     645285      98694    817   2042    121
333.9338 19:42 19:41    0  0.978     817119     127565    665   1662    192  0.79(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 22:13 22:13    0  1.104     990792     131917    318    795    415 a
317.9389 22:12 22:13   -1  1.103    1195965     158793    458   1145    347  0.83(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:43 19:42    0  0.979     351369      55399    374    935    148

13C-1,2,3,4-TCDD
331.9368 20:08 20:09   -1    1953777     295047    817   2042    361
333.9338 20:09 20:09    0    2496423     381895    665   1662    574  0.78(0.65-0.89)

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 09:04:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-6-a.d
Injection Date: 18-Dec-2019 03:58:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36167 Sample Line#: 7
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 09:04:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-6-a.d
Injection Date: 18-Dec-2019 03:58:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36167 Sample Line#: 7
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 09:04:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-6-a.d
Injection Date: 18-Dec-2019 03:58:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Worklist#: 36167 Sample Line#: 7
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 09:04:46 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-6-a.d
Injection Date: 18-Dec-2019 03:58:00 Instrument ID: D12C
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  22.23
Area: 100347
Amount:    4.377021
Amount Units: pg/ul
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Manual Integration Results
RT:  22.23
Area: 93038
Amount:    4.226467
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:04:28
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 09:04:46 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-6-a.d
Injection Date: 18-Dec-2019 03:58:00 Instrument ID: D12C
Lims ID: 140-17578-A-6-A          Lab Sample ID: 140-17578-6              
Client ID: 11187072-120619-SS-SJSSA03(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  22.21

21.7 21.9 22.1 22.3 22.5 22.7
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

14

Y
 ( 

X
10

00
0)

F1:m/z     315.9419

Manual Integration Results
RT:  22.21
Area: 990792
Amount:   30.346085
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:04:14
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-7

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-7-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  11:08

Low1(uL)

20(uL)

% Moisture: 23.4

Sample wt/vol: 10.15(g)

N

Analysis Batch No.: 36126 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.074J q1746-01-6 2,3,7,8-TCDD 0.20

1.3 0.074q B41903-57-5 Total TCDD 4.9

6.4 0.070J q40321-76-4 1,2,3,7,8-PeCDD 0.20

6.4 0.070J q36088-22-9 Total PeCDD 6.1

6.4 0.035J39227-28-6 1,2,3,4,7,8-HxCDD 0.40

6.4 0.037J q57653-85-7 1,2,3,6,7,8-HxCDD 0.56

6.4 0.034J q19408-74-3 1,2,3,7,8,9-HxCDD 2.2

6.4 0.035q B34465-46-8 Total HxCDD 32

6.4 0.13B35822-46-9 1,2,3,4,6,7,8-HpCDD 30

6.4 0.13B37871-00-4 Total HpCDD 110

13 0.031B3268-87-9 OCDD 700

1.3 0.061J q51207-31-9 2,3,7,8-TCDF 0.92

1.3 0.061q B30402-14-3 Total TCDF 2.8

6.4 0.09157117-41-6 1,2,3,7,8-PeCDF ND

6.4 0.08357117-31-4 2,3,4,7,8-PeCDF ND

6.4 0.087J I q30402-15-4 Total PeCDF 0.78

6.4 0.08470648-26-9 1,2,3,4,7,8-HxCDF ND

6.4 0.08157117-44-9 1,2,3,6,7,8-HxCDF ND

6.4 0.09060851-34-5 2,3,4,6,7,8-HxCDF ND

6.4 0.1172918-21-9 1,2,3,7,8,9-HxCDF ND

6.4 0.092J I55684-94-1 Total HxCDF 0.52

6.4 0.053J B67562-39-4 1,2,3,4,6,7,8-HpCDF 0.42

6.4 0.08255673-89-7 1,2,3,4,7,8,9-HpCDF ND

6.4 0.067J B38998-75-3 Total HpCDF 0.98

13 0.080J B39001-02-0 OCDF 1.6

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-7

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-7-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  11:08

Low1(uL)

20(uL)

% Moisture: 23.4

Sample wt/vol: 10.15(g)

N

Analysis Batch No.: 36126 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

64 25-16476523-40-5 13C-2,3,7,8-TCDD

65 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

67 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

70 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

69 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

64 17-157114423-97-1 13C-OCDD

63 24-16989059-46-1 13C-2,3,7,8-TCDF

65 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

65 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

68 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

69 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

68 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

67 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

67 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

64 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

65 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

72 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Lims ID: 140-17578-A-7-A          
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Sample Type: Client
Inject. Date: 17-Dec-2019 11:08:00 ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-014
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 21:26:45 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 17-Dec-2019 21:26:45

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:46       2645 0.77   1.1733      0.1016      0.0794   0.0288   0.0288  RQM
A Non-2,3,7,8-sub-TCDD 29:30      60571 0.77   1.1733       2.001       1.818   0.0288   0.7080  RQMa
S Total TCDD       2.102       1.898   0.0288   0.0288  RQ

  2,3,7,8-TCDF 28:51      17884 0.77   1.0881      0.4058      0.3595   0.0239   0.0239  RQM
A Non-2,3,7,8-sub-TCDF 28:13      35647 0.77   1.0881      0.7482      0.7165   0.0239   0.3335  RQ
S Total TCDF       1.154       1.076   0.0239   0.0239  RQ

  1,2,3,7,8-PeCDD 40:33       1853 1.55   1.0434      0.0838      0.0761   0.0271   0.0271  RQM
A Non-2,3,7,8-sub-PeCDD 39:27      56186 1.55   1.0434       2.365       2.306   0.0271   0.9501  RQMa
S Total PeCDD       2.449       2.382   0.0271   0.0271  RQ

  1,2,3,7,8-PeCDF 38:48   0.0352   0.0352
  2,3,4,7,8-PeCDF 40:03   0.0325   0.0325
A Non-2,3,7,8-sub-PeCDF 38:02      12952 1.55   1.1496      0.3790      0.3036   0.0337   0.1109  RQMa
S Total PeCDF      0.3790      0.3036   0.0338   0.0338  RQ

  1,2,3,4,7,8-HxCDD 44:49       4720 1.13   1.1409      0.1539      0.1539   0.0137   0.0137
  1,2,3,6,7,8-HxCDD 44:55       7279 1.24   1.1481      0.2494      0.2178   0.0144   0.0144  RQMa
  1,2,3,7,8,9-HxCDD 45:18      28877 1.24   1.2212      0.9417      0.8447   0.0132   0.0132  RQ
A Non-2,3,7,8-sub-HxCDD 44:19     371644 1.24   1.1700        11.4        11.3   0.0138    8.761  RQMa
S Total HxCDD        12.8        12.6   0.0138   0.0138  RQ

  1,2,3,4,7,8-HxCDF 43:49   0.0326   0.0326
  1,2,3,6,7,8-HxCDF 43:57   0.0315   0.0315
  2,3,4,6,7,8-HxCDF 44:40   0.0349   0.0349
  1,2,3,7,8,9-HxCDF 45:36   0.0447   0.0447
A Non-2,3,7,8-sub-HxCDF 44:10      10410 1.36   1.2905      0.2015      0.2015   0.0353   0.2015
S Total HxCDF      0.2015      0.2015   0.0359   0.0359

  1,2,3,4,6,7,8-HpCDD 49:36     335849 1.06   1.1204        11.8        11.8   0.0490   0.0490
A Non-2,3,7,8-sub-HpCDD 49:03     928821 1.06   1.1204        32.5        32.5   0.0490     32.5  a
S Total HpCDD        44.3        44.3   0.0490   0.0490

  1,2,3,4,6,7,8-HpCDF 47:56       7834 0.96   1.4984      0.1630      0.1630   0.0206   0.0206  M
  1,2,3,4,7,8,9-HpCDF 50:17   0.0317   0.0317
A Non-2,3,7,8-sub-HpCDF 49:20       9109 1.03   1.4395      0.2170      0.2170   0.0251   0.2170  M
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF      0.3800      0.3800   0.0261   0.0261

  OCDD 53:51    6731747 0.89   1.2073       271.9       271.9   0.0122   0.0122
  OCDF 53:59      21530 0.86   1.1162      0.6135      0.6135   0.0312   0.0312  M
D 13C-2,3,7,8-TCDD 30:44    1419545 0.84   1.0709        32.2        32.2   0.2530   0.2530  64.30
D 13C-2,3,7,8-TCDF 28:46    2286105 0.80   1.7545        31.6        31.6   0.2488   0.2488  63.21
D 13C-1,2,3,7,8-PeCDD 40:32    1167570 1.69   0.8743        32.4        32.4   0.2000   0.2000  64.78
D 13C-1,2,3,7,8-PeCDF 38:44    1848306 1.55   1.3704        32.7        32.7   0.3045   0.3045  65.43
D 13C-2,3,4,7,8-PeCDF 40:00    1862424 1.58   1.3837        32.6        32.6   0.3015   0.3015  65.29
D 13C-1,2,3,4,7,8-HxCDD 44:47    1344315 1.33   0.8772        33.6        33.6   0.1273   0.1273  67.22  M
D 13C-1,2,3,6,7,8-HxCDD 44:55    1455234 1.28   0.9171        34.8        34.8   0.1218   0.1218  69.60  Ma
D 13C-1,2,3,4,7,8-HxCDF 43:46    1836168 0.54   1.1892        33.9        33.9   0.1885   0.1885  67.73
D 13C-1,2,3,6,7,8-HxCDF 43:54    2290199 0.55   1.4625        34.3        34.3   0.1533   0.1533  68.69
D 13C-2,3,4,6,7,8-HxCDF 44:38    2042817 0.51   1.3197        33.9        33.9   0.1699   0.1699  67.90
D 13C-1,2,3,7,8,9-HxCDF 45:34    1836482 0.56   1.2001        33.6        33.6   0.1868   0.1868  67.12
D 13C-1,2,3,4,6,7,8-HpCDD 49:34    1273962 1.07   0.8155        34.3        34.3   0.1399   0.1399  68.52
D 13C-1,2,3,4,6,7,8-HpCDF 47:55    1603741 0.44   1.0496        33.5        33.5   0.2240   0.2240  67.02
D 13C-1,2,3,4,7,8,9-HpCDF 50:15    1312492 0.46   0.8947        32.2        32.2   0.2628   0.2628  64.34
D 13C-OCDD 53:51    2051005 0.90   0.7044        63.9        63.9   0.2982   0.2982  63.86
D 13C-OCDF 53:59    3144066 0.92   1.0615        65.0        65.0   0.3214   0.3214  64.96
$ 37Cl4-2,3,7,8-TCDD 30:47     365697   1.2266       7.232       7.232   0.0658   0.0658  72.32

* 13C-1,2,3,4-TCDD 30:14    4122766 0.83  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:18    4559735 1.26    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Lims ID: 140-17578-A-7-A          
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Sample Type: Client
Inject. Date: 17-Dec-2019 11:08:00 ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-014
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 21:26:45 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 17-Dec-2019 21:26:45

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD RQM
319.8965 30:46 30:48   -6  1.001       1151        184     12     30     15
321.8936 30:48 30:48   -4  1.002       2232        307     29     72     11  0.52(0.65-0.89) M

Empc Correction       1494        238     29     72      8

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 24:54 29:30 -275  0.810       1636        277     12     30     23
321.8936 24:53 29:30 -276  0.810       1908        358     29     72     12  0.86(0.65-0.89)

319.8965 25:34 29:30 -235  0.832       2342        262     12     30     22
321.8936 25:36 29:30 -233  0.833       3356        557     29     72     19  0.70(0.65-0.89)

319.8965 26:16 29:30 -193  0.855       2065        327     12     30     27 M
321.8936 26:14 29:30 -195  0.854       2414        331     29     72     11  0.86(0.65-0.89)

319.8965 27:44 29:30 -105  0.902      12006       1411     12     30    118
Empc Correction      10260       1261     12     30    105

321.8936 27:43 29:30 -106  0.902      13325       1638     29     72     56  0.90(0.65-0.89)

319.8965 28:18 29:30  -71  0.921       2039        142     12     30     12 M
Empc Correction       1382        103     12     30      9

321.8936 28:08 29:30  -81  0.916       1796        134     29     72      5  1.14(0.65-0.89) M

319.8965 28:46 29:30  -44  0.936       1568        155     12     30     13 M
Empc Correction        719         80     12     30      7

321.8936 28:43 29:30  -47  0.934        935        104     29     72      4  1.68(0.65-0.89) M

319.8965 29:21 29:30   -9  0.955       1528        173     12     30     14
Empc Correction       1288        207     12     30     17

321.8936 29:23 29:30   -7  0.956       1674        269     29     72      9  0.91(0.65-0.89)

319.8965 30:12 29:30   42  0.982       3761        477     12     30     40 M
Empc Correction       2741        380     12     30     32

321.8936 30:14 29:30   44  0.984       3561        494     29     72     17  1.06(0.65-0.89)
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 30:32 29:30   62  0.993       4463        551     12     30     46 M
Empc Correction       3148        394     12     30     33

321.8936 30:31 29:30   61  0.993       4089        512     29     72     18  1.09(0.65-0.89) M

319.8965 33:59 29:30  269  1.106       1081        133     12     30     11 M
Empc Correction        840        187     12     30     16

321.8936 33:54 29:30  264  1.103       1092        244     29     72      8  0.99(0.65-0.89)

2,3,7,8-TCDF RQM
303.9016 28:51 28:46   -1  1.003      10085        923     28     70     33 M

Empc Correction       7780        720     28     70     26
305.8987 28:46 28:46   -7  1.000      10104        936     25     62     37  1.00(0.65-0.89) M

A Non-2,3,7,8-sub-TCDF RQ

303.9016 22:28 28:13 -345  0.781       1270        222     28     70      8
Empc Correction        769        133     28     70      5

305.8987 22:29 28:13 -344  0.782        999        174     25     62      7  1.27(0.65-0.89)

303.9016 23:50 28:13 -263  0.828       3631        561     28     70     20
Empc Correction       3048        351     28     70     13

305.8987 23:46 28:13 -267  0.826       3959        457     25     62     18  0.92(0.65-0.89)

303.9016 25:50 28:13 -143  0.898       2435        322     28     70     12
Empc Correction       1943        264     28     70      9

305.8987 25:46 28:13 -147  0.896       2524        344     25     62     14  0.96(0.65-0.89)

303.9016 27:43 28:13  -30  0.964       2613        392     28     70     14
305.8987 27:46 28:13  -27  0.965       3202        328     25     62     13  0.82(0.65-0.89)

303.9016 32:46 28:13  272  1.139       7835        914     28     70     33
305.8987 32:47 28:13  273  1.140       8755        903     25     62     36  0.89(0.65-0.89)

1,2,3,7,8-PeCDD RQM
355.8546 40:33 40:33   -2  1.000       1315        186     19     47     10

Empc Correction       1126        198     19     47     10
357.8516 40:33 40:33   -2  1.000        727        128     40    100      3  1.81(1.32-1.78) M

A Non-2,3,7,8-sub-PeCDD RQMa

355.8546 37:36 39:27 -111  0.928       7698       1303     19     47     69 a
357.8516 37:36 39:27 -111  0.928       4989        856     40    100     21  1.54(1.32-1.78)

355.8546 38:27 39:27  -60  0.949      13825       2767     19     47    146 a
357.8516 38:27 39:27  -60  0.949       9325       1879     40    100     47  1.48(1.32-1.78)

355.8546 38:52 39:27  -34  0.959        935        210     19     47     11 M
Empc Correction        517        164     19     47      9

357.8516 38:52 39:27  -34  0.959        334        106     40    100      3  2.80(1.32-1.78)

355.8546 39:07 39:27  -20  0.965       1721        302     19     47     16 M
Empc Correction       1415        198     19     47     10

357.8516 39:07 39:27  -20  0.965        913        128     40    100      3  1.88(1.32-1.78)

355.8546 39:22 39:27   -5  0.971        804        185     19     47     10 M
Empc Correction        664        136     19     47      7

357.8516 39:22 39:27   -5  0.971        429         88     40    100      2  1.87(1.32-1.78)

355.8546 39:41 39:27   14  0.979       1186        297     19     47     16 a
357.8516 39:39 39:27   12  0.978       1111        254     40    100      6  1.07(1.32-1.78)

Empc Correction        765        191     40    100      5
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

355.8546 39:49 39:27   22  0.983       7804       1190     19     47     63 a
357.8516 39:49 39:27   22  0.983       4723        657     40    100     16  1.65(1.32-1.78)

355.8546 41:12 39:27  105  1.017        972        182     19     47     10 M
357.8516 41:13 39:27  106  1.017        857        164     40    100      4  1.13(1.32-1.78)

Empc Correction        627        117     40    100      3

1,2,3,7,8-PeCDF
339.8597 38:45      78     195
341.8567 38:45      38      95

2,3,4,7,8-PeCDF
339.8597 40:01      78     195
341.8567 40:01      38      95

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 34:41 38:02 -200  0.895       1367        163     78    195      2 M
341.8567 34:40 38:02 -201  0.895       1840        234     38     95      6  0.74(1.32-1.78)

Empc Correction        881        105     38     95      3

339.8597 38:06 38:02    4  0.984       2656        615     78    195      8 a
341.8567 38:09 38:02    7  0.985       2427        412     38     95     11  1.09(1.32-1.78)

Empc Correction       1713        396     38     95     10

339.8597 39:23 38:02   82  1.017       2876        552     78    195      7 M
341.8567 39:22 38:02   81  1.016       2788        599     38     95     16  1.03(1.32-1.78)

Empc Correction       1855        356     38     95      9

339.8597 41:27 38:02  205  1.070        975        301     78    195      4 a
341.8567 41:27 38:02  205  1.070       1237        319     38     95      8  0.79(1.32-1.78)

Empc Correction        629        194     38     95      5

1,2,3,4,7,8-HxCDD
389.8158 44:49 44:48   -1  1.001       2508        534     27     67     20
391.8127 44:48 44:48   -2  1.000       2212        601     15     37     40  1.13(1.05-1.43)

1,2,3,6,7,8-HxCDD RQMa
389.8158 44:55 44:56   -2  1.000       4030       1128     27     67     42 a
391.8127 44:56 44:56   -1  1.000       4303        953     15     37     64  0.94(1.05-1.43) M

Empc Correction       3249        909     15     37     61

1,2,3,7,8,9-HxCDD RQ
389.8158 45:18 45:17   -3  1.011      15986       2803     27     67    104
391.8127 45:18 45:17   -3  1.011      16207       3245     15     37    216  0.99(1.05-1.43)

Empc Correction      12891       2260     15     37    151

A Non-2,3,7,8-sub-HxCDD RQMa

389.8158 43:15 44:19  -64  0.963     161104      42967     27     67   1591 a
391.8127 43:15 44:19  -64  0.963     125872      31606     15     37   2107  1.28(1.05-1.43)

389.8158 43:49 44:19  -30  0.976       6787       1291     27     67     48 a
Empc Correction       5186        695     27     67     26

391.8127 43:49 44:19  -30  0.976       4183        561     15     37     37  1.62(1.05-1.43)

389.8158 44:07 44:19  -13  0.982      36310       7964     27     67    295 a
391.8127 44:07 44:19  -13  0.982      28843       6533     15     37    436  1.26(1.05-1.43)

389.8158 44:17 44:19   -2  0.986       5617        817     27     67     30 M
391.8127 44:17 44:19   -2  0.986       5603       1213     15     37     81  1.00(1.05-1.43)

Empc Correction       4529        658     15     37     44
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8-HxCDF
373.8208 43:48      53     132
375.8178 43:48     115     287

1,2,3,6,7,8-HxCDF
373.8208 43:56      53     132
375.8178 43:56     115     287

2,3,4,6,7,8-HxCDF
373.8208 44:39      53     132
375.8178 44:39     115     287

1,2,3,7,8,9-HxCDF
373.8208 45:35      53     132
375.8178 45:35     115     287

A Non-2,3,7,8-sub-HxCDF

373.8208 43:32 44:10  -38  0.992       5997       1724     53    132     33
375.8178 43:32 44:10  -38  0.992       4413       1111    115    287     10  1.36(1.05-1.43)

1,2,3,4,6,7,8-HpCDD
423.7767 49:36 49:37   -2  1.001     173077      28841     26     65   1109
425.7737 49:36 49:37   -2  1.001     162772      27326     70    175    390  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD a

423.7767 48:25 49:03  -37  0.977     478901      92529     26     65   3559 a
425.7737 48:25 49:03  -37  0.977     449920      85689     70    175   1224  1.06(0.88-1.20)

1,2,3,4,6,7,8-HpCDF M
407.7817 47:56 47:56   -3  1.000       3847        818     47    117     17 M
409.7788 47:55 47:56   -4  1.000       3987        798     31     77     26  0.96(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50:16      47     117
409.7788 50:16      31      77

A Non-2,3,7,8-sub-HpCDF M

407.7817 48:26 49:20  -53  0.000     47    117
409.7788 48:26 49:20  -53  0.000     31     77  0.00(0.88-1.20)

407.7817 48:32 49:20  -47  1.013       4621        806     47    117     17 M
409.7788 48:33 49:20  -46  1.013       4488        789     31     77     25  1.03(0.88-1.20) M

OCDD
457.7377 53:51 53:53   -3  1.000    3174549     654094     12     30  54508
459.7348 53:51 53:53   -3  1.000    3557198     738097     13     32  56777  0.89(0.76-1.02)

OCDF M
441.7428 53:59 53:59   -3  1.000       9969       2117     51    127     42 M
443.7399 53:59 53:59   -3  1.000      11561       2894     41    102     71  0.86(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:44 30:45   -5  1.017     646494      67184    319    797    211
333.9338 30:44 30:45   -5  1.017     773051      83888    174    435    482  0.84(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:46 28:46   -3  0.952    1019136     111726    378    945    296
317.9389 28:46 28:46   -3  0.952    1266969     141904    416   1040    341  0.80(0.65-0.89)
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDD
367.8949 40:32 40:30   -2  1.341     732888     165921    211    527    786
369.8919 40:32 40:30   -2  1.341     434682      93702    107    267    876  1.69(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:44 38:42   -2  1.282    1123156     210903    491   1227    430
353.8970 38:44 38:42   -2  1.282     725150     135146    268    670    504  1.55(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:00 39:58   -2  1.323    1140542     244266    491   1227    497
353.8970 40:00 39:58   -2  1.323     721882     158448    268    670    591  1.58(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD M
401.8559 44:47 44:47   -2  0.989     767028     191272    311    777    615 M
403.8529 44:47 44:47   -2  0.989     577287     144581    116    290   1246  1.33(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD Ma
401.8559 44:55 44:55   -1  0.992     817402     174398    311    777    561 M
403.8529 44:55 44:55   -1  0.992     637832     142165    116    290   1226  1.28(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:46 43:47   -1  0.966     647331     165945    389    972    427
385.8610 43:46 43:47   -1  0.966    1188837     306935    468   1170    656  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:54 43:56   -1  0.969     809595     181323    389    972    466
385.8610 43:54 43:56   -1  0.969    1480604     341485    468   1170    730  0.55(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:38 44:39   -1  0.985     694085     157265    389    972    404
385.8610 44:37 44:39   -2  0.985    1348732     318070    468   1170    680  0.51(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:34 45:35   -1  1.006     655509     131687    389    972    339
385.8610 45:34 45:35   -1  1.006    1180973     242311    468   1170    518  0.56(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:34 49:36   -3  1.094     659838     109735    235    587    467
437.8140 49:35 49:36   -2  1.095     614124     108931    201    502    542  1.07(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:55 47:57   -3  1.058     486975      96085    288    720    334
419.8220 47:55 47:57   -3  1.058    1116766     220451    611   1527    361  0.44(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:15 50:16   -2  1.109     416216      72834    288    720    253
419.8220 50:15 50:16   -2  1.109     896276     149693    611   1527    245  0.46(0.37-0.51)

13C-OCDD
469.7780 53:51 53:52   -2  1.189     969846     198952    214    535    930
471.7750 53:51 53:52   -2  1.189    1081159     222834    589   1472    378  0.90(0.76-1.02)

13C-OCDF
453.7830 53:59 54:01   -2  1.192    1510308     312781    640   1600    489
455.7801 53:59 54:01   -2  1.192    1633758     347572    664   1660    523  0.92(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:47 30:48   -5  1.018     365697      38166    147    367    260

13C-1,2,3,4-TCDD
331.9368 30:14 30:19   -6    1869921     206265    319    797    647
333.9338 30:14 30:19   -6    2252845     248388    174    435   1428  0.83(0.65-0.89)
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8,9-HxCDD
401.8559 45:18 45:20   -2    2544238     540187    311    777   1737
403.8529 45:18 45:20   -2    2015497     415366    116    290   3581  1.26(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Lims ID: 140-17578-A-7-A
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Inject. Date: 17-Dec-2019 11:08:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 14

Non-2,3,7,8-sub-TCDD, RT: 29.485

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1419545          151072
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1419545          151072

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:54              1636               277              1908               358      0.1064 0.86
25:34              2342               262              3356               557      0.1711 0.70
26:16              2065               327              2414               331      0.1345 0.86 M
27:44             12006              1411             13325              1638      0.7604 0.90 RQ
27:44             10260              1261             13325              1638      0.7080 Empc Correction
28:18              2039               142              1796               134      0.1151 1.14 RQM
28:18              1382               103              1796               134      0.0954 Empc Correction
28:46              1568               155               935               104      0.0751 1.68 RQM
28:46               719                80               935               104      0.0497 Empc Correction
29:21              1528               173              1674               269      0.0961 0.91 RQ
29:21              1288               207              1674               269      0.0889 Empc Correction
30:12              3761               477              3561               494      0.2198 1.06 RQM
30:12              2741               380              3561               494      0.1892 Empc Correction
30:32              4463               551              4089               512      0.2567 1.09 RQM
30:32              3148               394              4089               512      0.2173 Empc Correction
33:59              1081               133              1092               244      0.0652 0.99 RQMa
33:59               840               187              1092               244      0.0580 Empc Correction
Signal Totals:

            26421              3478             34150              4641
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            66639              8549 0.95 RQMa
            60571              8119 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.001 = (66639 * 50.000) / (1419545 * 1.173)
Empc Amount:          1.818 = (60571 * 50.000) / (1419545 * 1.173)
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Lims ID: 140-17578-A-7-A
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Inject. Date: 17-Dec-2019 11:08:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 14

Non-2,3,7,8-sub-TCDF, RT: 28.214

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2286105          253630
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2286105          253630

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

22:28              1270               222               999               174      0.0456 1.27 RQ
22:28               769               133               999               174      0.0355 Empc Correction
23:50              3631               561              3959               457      0.1526 0.92 RQ
23:50              3048               351              3959               457      0.1408 Empc Correction
25:50              2435               322              2524               344      0.0997 0.96 RQ
25:50              1943               264              2524               344      0.0898 Empc Correction
27:43              2613               392              3202               328      0.1169 0.82
32:46              7835               914              8755               903      0.3335 0.89
Signal Totals:

            16208              2054             19439              2206
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            37223              4617 0.91 RQ
            35647              4260 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7482 = (37223 * 50.000) / (2286105 * 1.088)
Empc Amount:         0.7165 = (35647 * 50.000) / (2286105 * 1.088)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Lims ID: 140-17578-A-7-A
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Inject. Date: 17-Dec-2019 11:08:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 14

Non-2,3,7,8-sub-PeCDD, RT: 39.441

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1167570          259623
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1167570          259623

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:36              7698              1303              4989               856      0.5207 1.54 a
38:27             13825              2767              9325              1879      0.9501 1.48 a
38:52               935               210               334               106      0.0521 2.80 RQMa
38:52               517               164               334               106      0.0349 Empc Correction
39:07              1721               302               913               128      0.1081 1.88 RQMa
39:07              1415               198               913               128      0.0955 Empc Correction
39:22               804               185               429                88      0.0506 1.87 RnQMa
39:22               664               136               429                88      0.0449 Empc Correction
39:41              1186               297              1111               254      0.0943 1.07 RQa
39:41              1186               297               765               191      0.0801 Empc Correction
39:49              7804              1190              4723               657      0.5141 1.65 a
41:12               972               182               857               164      0.0751 1.13 RQMa
41:12               972               182               627               117      0.0656 Empc Correction
Signal Totals:

            34081              6237             22105              4022
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            57626             10568 1.54 RQMa
            56186             10259 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.365 = (57626 * 50.000) / (1167570 * 1.043)
Empc Amount:          2.306 = (56186 * 50.000) / (1167570 * 1.043)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Lims ID: 140-17578-A-7-A
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Inject. Date: 17-Dec-2019 11:08:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 14

Non-2,3,7,8-sub-PeCDF, RT: 38.019

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         1848306          346049
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1862424          402714
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         1855365          374381

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:41              1367               163              1840               234      0.0752 0.74 RnQMa
34:41              1367               163               881               105      0.0527 Empc Correction
38:06              2656               615              2427               412      0.1192 1.09 RQa
38:06              2656               615              1713               396      0.1024 Empc Correction
39:23              2876               552              2788               599      0.1328 1.03 RQMa
39:23              2876               552              1855               356      0.1109 Empc Correction
41:27               975               301              1237               319      0.0519 0.79 RQa
41:27               975               301               629               194      0.0376 Empc Correction
Signal Totals:

             7874              1631              5078              1051
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            16166              3195 0.95 RQMa
            12952              2682 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3790 = (16166 * 50.000) / (1855365 * 1.150)
Empc Amount:         0.3036 = (12952 * 50.000) / (1855365 * 1.150)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Lims ID: 140-17578-A-7-A
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Inject. Date: 17-Dec-2019 11:08:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 14

Non-2,3,7,8-sub-HxCDD, RT: 44.311

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1344315          335853
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1455234          316563
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1399774          326208

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:15            161104             42967            125872             31606        8.76 1.28 a
43:49              6787              1291              4183               561      0.3349 1.62 RQa
43:49              5186               695              4183               561      0.2860 Empc Correction
44:07             36310              7964             28843              6533        1.99 1.26 a
44:17              5617               817              5603              1213      0.3425 1.00 RQMa
44:17              5617               817              4529               658      0.3097 Empc Correction
Signal Totals:

           208217             52443            163427             39358
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           374319             92952 1.28 RQMa
           371644             91801 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         11.427 = (374319 * 50.000) / (1399774 * 1.170)
Empc Amount:         11.346 = (371644 * 50.000) / (1399774 * 1.170)
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Lims ID: 140-17578-A-7-A
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Inject. Date: 17-Dec-2019 11:08:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 14

Non-2,3,7,8-sub-HxCDF, RT: 44.159

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1836168          472880
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         2290199          522808
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         2042817          475335
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1836482          373998
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         2001416          461255

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

43:32              5997              1724              4413              1111      0.2015 1.36
Signal Totals:

             5997              1724              4413              1111
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            10410              2835 1.36

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2015 = (10410 * 50.000) / (2001416 * 1.290)
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Lims ID: 140-17578-A-7-A
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Inject. Date: 17-Dec-2019 11:08:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 14

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1273962          218666
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1273962          218666

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:25            478901             92529            449920             85689        32.5 1.06 a
Signal Totals:

           478901             92529            449920             85689
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           928821            178218 1.06 a

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         32.536 = (928821 * 50.000) / (1273962 * 1.120)

QC Flag Legend

Review Flags
a - User Assigned ID
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Lims ID: 140-17578-A-7-A
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Inject. Date: 17-Dec-2019 11:08:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 14

Non-2,3,7,8-sub-HpCDF, RT: 49.317

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1603741          316536
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1312492          222527
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1458116          269531

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:26                 0                 0                 0                 0 0.00
48:32              4621               806              4488               789      0.2170 1.03 M
Signal Totals:

             4621               806              4488               789
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             9109              1595 1.03 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2170 = (9109 * 50.000) / (1458116 * 1.440)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 21:26:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
TCDD
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
TCDD
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  30.79
Area: 1384
Amount:    0.076102
Amount Units: pg/ul
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Manual Integration Results
RT:  30.79
Area: 2232
Amount:    0.101559
Amount Units: pg/ul

30.3 30.5 30.7 30.9 31.1
Min

RT

2

6

10

14

18

22

26

30

34

38

42

46

50

54

Y
 ( 

X
10

)

F1:m/z     321.8936

 3
0.

79
0

Reviewer: davidsonm, 17-Dec-2019 12:42:02
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 26.260 Area = 1531
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Manual Integration Results
RT = 26.260 Area = 2065 M
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Reviewer: davidsonm, 17-Dec-2019 12:43:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 28.298 Area = 767
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Manual Integration Results
RT = 28.298 Area = 2039 M
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Reviewer: davidsonm, 17-Dec-2019 12:43:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
RT = 28.130 Area = 786
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Manual Integration Results
RT = 28.130 Area = 1796 M
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Reviewer: davidsonm, 17-Dec-2019 12:42:38
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 28.753 Area = 414
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Manual Integration Results
RT = 28.753 Area = 1568 M
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Reviewer: davidsonm, 17-Dec-2019 12:43:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
Not Detected
RT:  24.89- 34.08
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Manual Integration Results
RT = 28.702 Area = 935 M
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Reviewer: davidsonm, 17-Dec-2019 12:42:38
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 30.184 Area = 3403
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Manual Integration Results
RT = 30.184 Area = 3761 M
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Reviewer: davidsonm, 17-Dec-2019 12:43:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
RT = 30.520 Area = 3609
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Manual Integration Results
RT = 30.520 Area = 4463 M
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Reviewer: davidsonm, 17-Dec-2019 12:43:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.89- 34.08)
Signal: 2

Processing Integration Results
RT = 30.504 Area = 3889
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Manual Integration Results
RT = 30.504 Area = 4089 M
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Reviewer: davidsonm, 17-Dec-2019 12:42:38
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.89- 34.08)
Signal: 1

Processing Integration Results
Not Detected
RT:  24.89- 34.08
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Manual Integration Results
RT = 33.972 Area = 1081 M
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Reviewer: davidsonm, 17-Dec-2019 12:43:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
37Cl4-TCDD
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24.16
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21.46

27.51

18.2616.70
23.62

20.08 25.50

37Cl4-TCDD Lock Mass
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
TCDF
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TCDF Standards
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  28.84
Area: 9699
Amount:    0.279102
Amount Units: pg/ul
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Manual Integration Results
RT:  28.84
Area: 10085
Amount:    0.405790
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:43:49
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  28.85
Area: 4187
Amount:    0.279102
Amount Units: pg/ul
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Manual Integration Results
RT:  28.75
Area: 10104
Amount:    0.405790
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:43:54
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
PeCDD
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  40.58
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Manual Integration Results
RT:  40.54
Area: 727
Amount:    0.083809
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:45:57
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 38.866 Area = 935
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Manual Integration Results
RT = 38.866 Area = 935
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Reviewer: davidsonm, 17-Dec-2019 12:47:11
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 39.107 Area = 1721
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Manual Integration Results
RT = 39.107 Area = 1721
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Reviewer: davidsonm, 17-Dec-2019 12:47:11
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration

Page 721 of 2476



Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 39.366 Area = 804
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Manual Integration Results
RT = 39.366 Area = 804
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Reviewer: davidsonm, 17-Dec-2019 12:47:11
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.58- 41.30)
Signal: 1

Processing Integration Results
RT = 41.193 Area = 972
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Manual Integration Results
RT = 41.193 Area = 972
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Reviewer: davidsonm, 17-Dec-2019 12:47:11
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
PeCDF
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
PeCDF
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          41.43

Non-2,3,7,8-sub-PeCDF
          34.68
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PeCDF Lock Mass
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
PeCDF
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          38.09
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          41.43

Non-2,3,7,8-sub-PeCDF
          34.68
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PeCDF Interference Mass
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.62- 41.42
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Manual Integration Results
RT = 34.677 Area = 1367 M
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Reviewer: mcwhirterl, 17-Dec-2019 21:18:33
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.62- 41.42)
Signal: 1

Processing Integration Results
RT = 39.383 Area = 2876
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Manual Integration Results
RT = 39.383 Area = 2876
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Reviewer: mcwhirterl, 17-Dec-2019 21:18:33
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
HxCDD
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
HxCDD
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HxCDD Lock Mass
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  44.81
Area: 4720
Amount:    0.141251
Amount Units: pg/ul

Manual Integration Results
RT:  44.91
Area: 8333
Amount:    0.249375
Amount Units: pg/ul
Reviewer: davidsonm, 17-Dec-2019 12:48:30
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  44.81
Area: 2508
Amount:    0.141251
Amount Units: pg/ul
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Manual Integration Results
RT:  44.91
Area: 4030
Amount:    0.249375
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:48:32
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  44.79
Area: 2212
Amount:    0.141251
Amount Units: pg/ul
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Manual Integration Results
RT:  44.93
Area: 4303
Amount:    0.249375
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:48:54
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8158, RT: ( 43.23- 45.39)
Signal: 1

Processing Integration Results
RT = 44.271 Area = 6423
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Manual Integration Results
RT = 44.271 Area = 5617 M
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Reviewer: davidsonm, 17-Dec-2019 12:49:14
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDD, CAS: 109719-80-4
Signal: 1

Processing Integration Results
RT:  44.78
Area: 1584390
Amount:   54.044485
Amount Units: pg/ul
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Manual Integration Results
RT:  44.78
Area: 767028
Amount:   33.609467
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:48:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDD, CAS: 109719-81-5
Signal: 2

Processing Integration Results
RT:  44.78
Area: 577287
Amount:   51.694060
Amount Units: pg/ul
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Manual Integration Results
RT:  44.91
Area: 637832
Amount:   34.800275
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:48:23
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDD, CAS: 109719-81-5
Signal: 3

Processing Integration Results
RT:  44.78
Area: 2161677
Amount:   51.694060
Amount Units: pg/ul

44.4 44.6 44.8 45.0 45.2 45.4
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

Y
 ( 

X
10

00
0)

F3:m/z     403.8529

 4
4.

77
8

Manual Integration Results
RT:  44.91
Area: 1455234
Amount:   34.800275
Amount Units: pg/ul
Reviewer: davidsonm, 17-Dec-2019 12:48:23
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDD, CAS: 109719-81-5
Signal: 1

Processing Integration Results
RT:  44.78
Area: 1584390
Amount:   51.694060
Amount Units: pg/ul
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Manual Integration Results
RT:  44.91
Area: 817402
Amount:   34.800275
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:48:25
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
HxCDF
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
HxCDF
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
HxCDF
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Report Date: 17-Dec-2019 21:26:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
HpCDD
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
HpCDD
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HpCDD Lock Mass
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
HpCDF
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
HpCDF
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HpCDF Lock Mass
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
HpCDF
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HpCDF Interference Mass
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  47.92
Area: 4433
Amount:    0.175198
Amount Units: pg/ul
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Manual Integration Results
RT:  47.92
Area: 3847
Amount:    0.163005
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:49:59
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7817, RT: ( 47.80- 50.84)
Signal: 1

Processing Integration Results
RT = 48.532 Area = 4877
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Manual Integration Results
RT = 48.532 Area = 4621 M
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Reviewer: davidsonm, 17-Dec-2019 12:50:06
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7788, RT: ( 47.80- 50.84)
Signal: 2

Processing Integration Results
RT = 48.549 Area = 5203
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Manual Integration Results
RT = 48.549 Area = 4488 M
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Reviewer: davidsonm, 17-Dec-2019 12:50:10
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
OCDD
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
OCDD
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Worklist#: 36126 Sample Line#: 14
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  53.98
Area: 12577
Amount:    0.674121
Amount Units: pg/ul
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Manual Integration Results
RT:  53.98
Area: 11561
Amount:    0.613511
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:50:53
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 21:26:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\140-17578-a-7-a.d
Injection Date: 17-Dec-2019 11:08:00 Instrument ID: D2A
Lims ID: 140-17578-A-7-A          Lab Sample ID: 140-17578-7              
Client ID: 11187072-120619-SS-SJSSA03(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  53.98
Area: 11080
Amount:    0.674121
Amount Units: pg/ul
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Manual Integration Results
RT:  53.98
Area: 9969
Amount:    0.613511
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 12:50:55
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-8

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-8-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  15:32

Low1(uL)

20(uL)

% Moisture: 32.2

Sample wt/vol: 10.16(g)

N

Analysis Batch No.: 36146 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.5 0.0931746-01-6 2,3,7,8-TCDD 8.5

1.5 0.093B q41903-57-5 Total TCDD 15

7.3 0.058J q40321-76-4 1,2,3,7,8-PeCDD 0.62

7.3 0.058q36088-22-9 Total PeCDD 9.3

7.3 0.068J q39227-28-6 1,2,3,4,7,8-HxCDD 0.95

7.3 0.073J57653-85-7 1,2,3,6,7,8-HxCDD 2.7

7.3 0.066J19408-74-3 1,2,3,7,8,9-HxCDD 3.9

7.3 0.069B q34465-46-8 Total HxCDD 61

7.3 0.11B35822-46-9 1,2,3,4,6,7,8-HpCDD 90

7.3 0.11B37871-00-4 Total HpCDD 270

15 0.045B3268-87-9 OCDD 2300

1.5 0.13I B q30402-14-3 Total TCDF 58

7.3 0.081J57117-41-6 1,2,3,7,8-PeCDF 1.1

7.3 0.076J57117-31-4 2,3,4,7,8-PeCDF 0.89

7.3 0.078I q30402-15-4 Total PeCDF 16

7.3 0.15J70648-26-9 1,2,3,4,7,8-HxCDF 2.6

7.3 0.14J I57117-44-9 1,2,3,6,7,8-HxCDF 1.5

7.3 0.16J q60851-34-5 2,3,4,6,7,8-HxCDF 0.34

7.3 0.2172918-21-9 1,2,3,7,8,9-HxCDF ND

7.3 0.16I q55684-94-1 Total HxCDF 24

7.3 0.13B67562-39-4 1,2,3,4,6,7,8-HpCDF 11

7.3 0.19J B q55673-89-7 1,2,3,4,7,8,9-HpCDF 1.5

7.3 0.16B q38998-75-3 Total HpCDF 27

15 0.11B39001-02-0 OCDF 120

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-8

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-8-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  15:32

Low1(uL)

20(uL)

% Moisture: 32.2

Sample wt/vol: 10.16(g)

N

Analysis Batch No.: 36146 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

63 25-16476523-40-5 13C-2,3,7,8-TCDD

65 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

67 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

67 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

71 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

67 17-157114423-97-1 13C-OCDD

61 24-16989059-46-1 13C-2,3,7,8-TCDF

63 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

63 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

65 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

69 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

66 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

67 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

69 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

66 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

69 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

68 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 03:36:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A          
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Sample Type: Client
Inject. Date: 17-Dec-2019 15:32:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-007
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 03:36:18 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 03:36:18

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:48      96884 0.86   1.1733       2.938       2.938   0.0321   0.0321
A Non-2,3,7,8-sub-TCDD 29:29      77134 0.77   1.1733       2.433       2.339   0.0321   0.7902  RQ
S Total TCDD       5.371       5.276   0.0321   0.0321  RQ

  2,3,7,8-TCDF 28:48     443874 0.79   1.0881       9.106       9.106   0.0446   0.0446
A Non-2,3,7,8-sub-TCDF 28:12     524813 0.77   1.0881        10.9        10.8   0.0446    3.827  RQMa
S Total TCDF        20.0        19.9   0.0446   0.0446  RQ

  1,2,3,7,8-PeCDD 40:34       5243 1.55   1.0434      0.2328      0.2130   0.0201   0.0201  RQM
A Non-2,3,7,8-sub-PeCDD 39:26      73483 1.55   1.0434       3.459       2.986   0.0201    1.055  RQM
S Total PeCDD       3.692       3.199   0.0201   0.0201  RQ

  1,2,3,7,8-PeCDF 38:44      15494 1.71   1.1898      0.3636      0.3636   0.0278   0.0278  M
  2,3,4,7,8-PeCDF 40:01      12386 1.49   1.1095      0.3067      0.3067   0.0261   0.0261
A Non-2,3,7,8-sub-PeCDF 38:01     204288 1.55   1.1496       5.032       4.921   0.0268   0.8909  RQM
S Total PeCDF       5.703       5.591   0.0269   0.0269  RQ

  1,2,3,4,7,8-HxCDD 44:48       9600 1.24   1.1409      0.3669      0.3255   0.0233   0.0233  RQ
  1,2,3,6,7,8-HxCDD 44:55      28801 1.37   1.1481      0.9258      0.9258   0.0251   0.0251
  1,2,3,7,8,9-HxCDD 45:18      43105 1.17   1.2212       1.333       1.333   0.0227   0.0227  M
A Non-2,3,7,8-sub-HxCDD 44:19     574272 1.27   1.1700        18.5        18.5   0.0237     12.9  M
S Total HxCDD        21.2        21.1   0.0237   0.0237  RQ

  1,2,3,4,7,8-HxCDF 43:46      41098 1.16   1.3629      0.8882      0.8882   0.0533   0.0533
  1,2,3,6,7,8-HxCDF 43:55      29932 1.06   1.2762      0.5319      0.5319   0.0490   0.0490
  2,3,4,6,7,8-HxCDF 44:38       5701 1.24   1.2654      0.1279      0.1174   0.0540   0.0540  RQMa
  1,2,3,7,8,9-HxCDF 45:36   0.0708   0.0708
A Non-2,3,7,8-sub-HxCDF 44:10     327793 1.22   1.2905       6.703       6.703   0.0557    2.592  M
S Total HxCDF       8.251       8.241   0.0568   0.0568  RQ

  1,2,3,4,6,7,8-HpCDD 49:36     888015 1.01   1.1204        31.0        31.0   0.0362   0.0362
A Non-2,3,7,8-sub-HpCDD 49:03    1794229 1.05   1.1204        62.7        62.7   0.0362     62.7  Ma
S Total HpCDD        93.7        93.7   0.0362   0.0362

  1,2,3,4,6,7,8-HpCDF 47:56     177652 1.07   1.4984       3.762       3.762   0.0432   0.0432  M
  1,2,3,4,7,8,9-HpCDF 50:16      18597 1.04   1.3807      0.5825      0.5214   0.0656   0.0656  RQM
A Non-2,3,7,8-sub-HpCDF 49:56     203277 1.11   1.4395       4.924       4.924   0.0524    4.426  a
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Report Date: 18-Dec-2019 03:36:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       9.269       9.207   0.0544   0.0544  RQ

  OCDD 53:51   19302993 0.89   1.2073       774.6       774.6   0.0155   0.0155  M
  OCDF 53:59    1503098 0.91   1.1162        42.2        42.2   0.0387   0.0387  M
D 13C-2,3,7,8-TCDD 30:45    1405489 0.77   1.0709        31.6        31.6   0.3293   0.3293  63.21
D 13C-2,3,7,8-TCDF 28:46    2239706 0.81   1.7545        30.7        30.7   0.4021   0.4021  61.49
D 13C-1,2,3,7,8-PeCDD 40:32    1179325 1.54   0.8743        32.5        32.5   0.2657   0.2657  64.97
D 13C-1,2,3,7,8-PeCDF 38:44    1790814 1.54   1.3704        31.5        31.5   0.3504   0.3504  62.94
D 13C-2,3,4,7,8-PeCDF 40:00    1820207 1.67   1.3837        31.7        31.7   0.3470   0.3470  63.36
D 13C-1,2,3,4,7,8-HxCDD 44:47    1292677 1.33   0.8772        33.6        33.6   0.1291   0.1291  67.23
D 13C-1,2,3,6,7,8-HxCDD 44:54    1354796 1.20   0.9171        33.7        33.7   0.1235   0.1235  67.40
D 13C-1,2,3,4,7,8-HxCDF 43:46    1697464 0.52   1.1892        32.6        32.6   0.2691   0.2691  65.12
D 13C-1,2,3,6,7,8-HxCDF 43:54    2204876 0.54   1.4625        34.4        34.4   0.2188   0.2188  68.79
D 13C-2,3,4,6,7,8-HxCDF 44:37    1918893 0.53   1.3197        33.2        33.2   0.2424   0.2424  66.34
D 13C-1,2,3,7,8,9-HxCDF 45:33    1757559 0.53   1.2001        33.4        33.4   0.2666   0.2666  66.82
D 13C-1,2,3,4,6,7,8-HpCDD 49:35    1277322 1.07   0.8155        35.7        35.7   0.1297   0.1297  71.46
D 13C-1,2,3,4,6,7,8-HpCDF 47:55    1575900 0.48   1.0496        34.3        34.3   0.1735   0.1735  68.50
D 13C-1,2,3,4,7,8,9-HpCDF 50:15    1291700 0.45   0.8947        32.9        32.9   0.2035   0.2035  65.87
D 13C-OCDD 53:51    2064133 0.91   0.7044        66.8        66.8   0.2145   0.2145  66.85
D 13C-OCDF 53:58    3189825 0.91   1.0615        68.6        68.6   0.1622   0.1622  68.55
$ 37Cl4-2,3,7,8-TCDD 30:48     347321   1.2266       6.820       6.820   0.1507   0.1507  68.20

* 13C-1,2,3,4-TCDD 30:15    4152270 0.81  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:18    4383630 1.32    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 03:36:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A          
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Sample Type: Client
Inject. Date: 17-Dec-2019 15:32:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-007
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 03:36:18 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 03:36:18

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:48 30:51   -2  1.002      44662       4713     18     45    262
321.8936 30:46 30:51   -4  1.001      52222       5331     27     67    197  0.86(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQ

319.8965 24:52 29:29 -276  0.809       2766        429     18     45     24
321.8936 24:51 29:29 -277  0.808       3868        575     27     67     21  0.72(0.65-0.89)

319.8965 25:36 29:29 -232  0.832       3053        437     18     45     24
321.8936 25:35 29:29 -233  0.832       4785        616     27     67     23  0.64(0.65-0.89)

Empc Correction       3964        567     27     67     21

319.8965 26:18 29:29 -190  0.855       2275        312     18     45     17
321.8936 26:17 29:29 -191  0.855       2605        390     27     67     14  0.87(0.65-0.89)

319.8965 27:44 29:29 -104  0.902      11635       1344     18     45     75
321.8936 27:44 29:29 -104  0.902      14425       1872     27     67     69  0.81(0.65-0.89)

319.8965 28:07 29:29  -81  0.915       2077        249     18     45     14
321.8936 28:10 29:29  -78  0.916       2587        356     27     67     13  0.80(0.65-0.89)

319.8965 28:27 29:29  -62  0.925       1072        204     18     45     11
Empc Correction        814        100     18     45      6

321.8936 28:29 29:29  -60  0.926       1058        131     27     67      5  1.01(0.65-0.89)

319.8965 30:15 29:29   46  0.984       3890        568     18     45     32
321.8936 30:13 29:29   44  0.982       4731        510     27     67     19  0.82(0.65-0.89)

319.8965 30:36 29:29   67  0.995       2529        391     18     45     22
321.8936 30:32 29:29   63  0.993       4240        586     27     67     22  0.60(0.65-0.89)

Empc Correction       3284        507     27     67     19

319.8965 31:56 29:29  147  1.038       3393        449     18     45     25
321.8936 31:54 29:29  145  1.037       4596        454     27     67     17  0.74(0.65-0.89)
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Report Date: 18-Dec-2019 03:36:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 32:43 29:29  194  1.064        751        126     18     45      7
321.8936 32:39 29:29  190  1.062       1280        196     27     67      7  0.59(0.65-0.89)

Empc Correction        975        163     27     67      6

319.8965 33:56 29:29  267  1.104       1585        213     18     45     12
Empc Correction        808        119     18     45      7

321.8936 33:59 29:29  270  1.105       1050        155     27     67      6  1.51(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:48 28:49   -3  1.001     195687      20471     52    130    394
305.8987 28:48 28:49   -3  1.001     248187      25089     50    125    502  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQMa

303.9016 22:28 28:12 -344  0.781       2140        285     52    130      5
305.8987 22:28 28:12 -344  0.781       3092        405     50    125      8  0.69(0.65-0.89)

303.9016 23:20 28:12 -291  0.811       2772        393     52    130      8
Empc Correction       2357        328     52    130      6

305.8987 23:20 28:12 -291  0.811       3062        426     50    125      9  0.91(0.65-0.89)

303.9016 23:48 28:12 -264  0.827       5000        836     52    130     16
305.8987 23:49 28:12 -263  0.828       7280       1088     50    125     22  0.69(0.65-0.89)

303.9016 24:19 28:12 -233  0.845       5928        843     52    130     16
305.8987 24:20 28:12 -232  0.846       8899       1205     50    125     24  0.67(0.65-0.89)

303.9016 24:34 28:12 -218  0.854       1903        262     52    130      5
305.8987 24:34 28:12 -218  0.854       3039        274     50    125      5  0.63(0.65-0.89)

Empc Correction       2471        340     50    125      7

303.9016 25:02 28:12 -189  0.871      10431       1301     52    130     25
305.8987 25:03 28:12 -188  0.871      15055       2104     50    125     42  0.69(0.65-0.89)

303.9016 25:48 28:12 -144  0.897      23533       2811     52    130     54
305.8987 25:46 28:12 -146  0.896      31478       3536     50    125     71  0.75(0.65-0.89)

303.9016 26:26 28:12 -106  0.919       7014        902     52    130     17
305.8987 26:24 28:12 -108  0.918      10670        936     50    125     19  0.66(0.65-0.89)

303.9016 26:58 28:12  -74  0.937       9858       1358     52    130     26 M
Empc Correction       8184        944     52    130     18

305.8987 26:57 28:12  -75  0.937      10629       1227     50    125     25  0.93(0.65-0.89)

303.9016 26:58 28:12  -74  0.937       9858       1358     52    130     26 M
Empc Correction       8184        944     52    130     18

305.8987 26:57 28:12  -75  0.937      10629       1227     50    125     25  0.93(0.65-0.89)

303.9016 27:42 28:12  -30  0.963      83524       9828     52    130    189
305.8987 27:42 28:12  -30  0.963     103018      13123     50    125    262  0.81(0.65-0.89)

303.9016 28:16 28:12    4  0.983       9980        530     52    130     10
305.8987 28:19 28:12    7  0.985      14833        837     50    125     17  0.67(0.65-0.89) M

303.9016 30:01 28:12  108  1.043      12856       1631     52    130     31
305.8987 30:01 28:12  108  1.043      16459       1789     50    125     36  0.78(0.65-0.89)

303.9016 30:40 28:12  147  1.066       3558        377     52    130      7
305.8987 30:39 28:12  146  1.066       4988        482     50    125     10  0.71(0.65-0.89)

303.9016 32:49 28:12  276  1.141      27438       2614     52    130     50
305.8987 32:48 28:12  275  1.141      38920       4615     50    125     92  0.70(0.65-0.89)
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Report Date: 18-Dec-2019 03:36:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 33:37 28:12  324  1.169       1341        315     52    130      6
Empc Correction       1135        207     52    130      4

305.8987 33:38 28:12  325  1.169       1475        270     50    125      5  0.91(0.65-0.89)

303.9016 33:52 28:12  339  1.177      12668       1388     52    130     27
305.8987 33:51 28:12  338  1.177      16022       1474     50    125     29  0.79(0.65-0.89)

1,2,3,7,8-PeCDD RQM
355.8546 40:34 40:33   -1  1.001       3187        782     19     47     41
357.8516 40:33 40:33   -2  1.000       2542        477     24     60     20  1.25(1.32-1.78) M

Empc Correction       2056        504     24     60     21

A Non-2,3,7,8-sub-PeCDD RQM

355.8546 37:35 39:26 -111  0.927      14786       2087     19     47    110
Empc Correction       8394       1732     19     47     91

357.8516 37:36 39:26 -110  0.928       5416       1118     24     60     47  2.73(1.32-1.78)

355.8546 38:27 39:26  -60  0.949      15250       2890     19     47    152
357.8516 38:26 39:26  -61  0.948      10711       2211     24     60     92  1.42(1.32-1.78)

355.8546 38:55 39:26  -32  0.960       1944        398     19     47     21
357.8516 38:54 39:26  -33  0.960       1362        300     24     60     13  1.43(1.32-1.78)

355.8546 39:09 39:26  -17  0.966       5107        624     19     47     33 M
357.8516 39:08 39:26  -18  0.966       4594        437     24     60     18  1.11(1.32-1.78) M

Empc Correction       3294        402     24     60     17

355.8546 39:40 39:26   14  0.979       2516        496     19     47     26
357.8516 39:39 39:26   13  0.978       1581        321     24     60     13  1.59(1.32-1.78)

355.8546 39:47 39:26   21  0.982      11634       1758     19     47     93
Empc Correction       8151       1613     19     47     85

357.8516 39:49 39:26   23  0.983       5259       1041     24     60     43  2.21(1.32-1.78)

355.8546 40:47 39:26   81  1.006        837        243     19     47     13
357.8516 40:47 39:26   81  1.006       1005        200     24     60      8  0.83(1.32-1.78)

Empc Correction        540        156     24     60      7

355.8546 41:12 39:26  106  1.017       1958        436     19     47     23 M
357.8516 41:13 39:26  107  1.017       1163        226     24     60      9  1.68(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 38:44 38:45   -3  1.000       9786       1767     38     95     47 M
341.8567 38:45 38:45   -2  1.000       5708       1239     50    125     25  1.71(1.32-1.78) M

2,3,4,7,8-PeCDF
339.8597 40:01 40:01   -2  1.000       7419       1520     38     95     40
341.8567 40:01 40:01   -2  1.000       4967        918     50    125     18  1.49(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF RQM

339.8597 34:40 38:01 -201  0.895      20013       2257     38     95     59
341.8567 34:40 38:01 -201  0.895      14287       1814     50    125     36  1.40(1.32-1.78)

339.8597 37:14 38:01  -47  0.961      24384       3142     38     95     83
Empc Correction      20892       3138     38     95     83

341.8567 37:14 38:01  -47  0.961      13479       2025     50    125     41  1.81(1.32-1.78)

339.8597 37:35 38:01  -26  0.970       1866        263     38     95      7
341.8567 37:32 38:01  -29  0.969       1764        281     50    125      6  1.06(1.32-1.78)

Empc Correction       1203        169     50    125      3
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Report Date: 18-Dec-2019 03:36:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

339.8597 38:07 38:01    6  0.984      22209       4830     38     95    127
341.8567 38:07 38:01    6  0.984      13880       2489     50    125     50  1.60(1.32-1.78)

339.8597 38:16 38:01   15  0.988       6354        835     38     95     22
341.8567 38:15 38:01   14  0.988       3791        538     50    125     11  1.68(1.32-1.78)

339.8597 38:41 38:01   40  0.999       2157        706     38     95     19 M
Empc Correction       1593        336     38     95      9

341.8567 38:36 38:01   35  0.996       1028        217     50    125      4  2.10(1.32-1.78)

339.8597 39:02 38:01   61  1.008       3160        447     38     95     12 M
341.8567 39:02 38:01   61  1.008       2133        217     50    125      4  1.48(1.32-1.78)

339.8597 39:23 38:01   81  1.016      22592       4011     38     95    106
341.8567 39:23 38:01   81  1.016      14392       2366     50    125     47  1.57(1.32-1.78) M

339.8597 39:37 38:01   96  1.023       4541        620     38     95     16 M
341.8567 39:37 38:01   96  1.023       3308        392     50    125      8  1.37(1.32-1.78) M

339.8597 40:13 38:01  132  1.038       5666        899     38     95     24
341.8567 40:16 38:01  135  1.040       3642        495     50    125     10  1.56(1.32-1.78)

339.8597 40:34 38:01  153  1.047       2678        535     38     95     14
341.8567 40:34 38:01  153  1.047       1816        451     50    125      9  1.47(1.32-1.78)

339.8597 41:26 38:01  204  1.069      12327       2855     38     95     75 M
341.8567 41:26 38:01  204  1.069       7438       1617     50    125     32  1.66(1.32-1.78)

1,2,3,4,7,8-HxCDD RQ
389.8158 44:48 44:49   -2  1.000       6537       1395     27     67     52

Empc Correction       5314       1355     27     67     50
391.8127 44:49 44:49   -1  1.001       4286       1093     42    105     26  1.53(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:55 44:55   -2  1.000      16648       3647     27     67    135
391.8127 44:55 44:55   -2  1.000      12153       2593     42    105     62  1.37(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8158 45:18 45:18   -3  1.011      23230       3952     27     67    146 M
391.8127 45:18 45:18   -3  1.011      19875       3175     42    105     76  1.17(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD M

389.8158 43:15 44:19  -64  0.963     222255      58068     27     67   2151 M
391.8127 43:15 44:19  -64  0.963     177448      44135     42    105   1051  1.25(1.05-1.43) M

389.8158 43:49 44:19  -29  0.976      11905       2877     27     67    107
391.8127 43:48 44:19  -30  0.976      10995       2465     42    105     59  1.08(1.05-1.43)

389.8158 44:07 44:19  -12  0.982      76233      17047     27     67    631
391.8127 44:06 44:19  -13  0.982      57002      12938     42    105    308  1.34(1.05-1.43)

389.8158 44:17 44:19   -2  0.986      10712       2346     27     67     87
391.8127 44:17 44:19   -2  0.986       7722       1550     42    105     37  1.39(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 43:46 43:48   -3  1.000      22104       5139    154    385     33
375.8178 43:47 43:48   -2  1.000      18994       4377     98    245     45  1.16(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 43:55 43:55   -2  1.000      15416       4018    154    385     26
375.8178 43:55 43:55   -2  1.000      14516       3751     98    245     38  1.06(1.05-1.43)
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Report Date: 18-Dec-2019 03:36:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,6,7,8-HxCDF RQMa
373.8208 44:38 44:38   -2  1.000       3156        799    154    385      5 M
375.8178 44:38 44:38   -2  1.000       3054        809     98    245      8  1.03(1.05-1.43)

Empc Correction       2545        644     98    245      7

1,2,3,7,8,9-HxCDF
373.8208 45:34     154     385
375.8178 45:34      98     245

A Non-2,3,7,8-sub-HxCDF M

373.8208 42:33 44:10  -96  0.970      10222       2919    154    385     19
375.8178 42:32 44:10  -97  0.969       9227       2518     98    245     26  1.11(1.05-1.43)

373.8208 42:44 44:10  -86  0.973      44403      11586    154    385     75
375.8178 42:44 44:10  -86  0.973      34427       9032     98    245     92  1.29(1.05-1.43)

373.8208 43:07 44:10  -63  0.982      12090       2167    154    385     14
375.8178 43:07 44:10  -63  0.982       8961       1750     98    245     18  1.35(1.05-1.43) M

373.8208 43:20 44:10  -49  0.987      30702       8521    154    385     55
375.8178 43:20 44:10  -49  0.987      24248       6806     98    245     69  1.27(1.05-1.43)

373.8208 43:32 44:10  -37  0.992      68812      20484    154    385    133
375.8178 43:31 44:10  -38  0.992      57921      16548     98    245    169  1.19(1.05-1.43)

373.8208 44:28 44:10   18  1.013      13710       3122    154    385     20 M
375.8178 44:28 44:10   18  1.013      13070       2625     98    245     27  1.05(1.05-1.43)

1,2,3,4,6,7,8-HpCDD
423.7767 49:36 49:35   -2  1.000     445118      76941     26     65   2959
425.7737 49:36 49:35   -2  1.000     442897      73120     46    115   1590  1.01(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD Ma

423.7767 48:25 49:03  -37  0.976     921116     180392     26     65   6938 M
425.7737 48:25 49:03  -37  0.976     873113     170175     46    115   3699  1.05(0.88-1.20) M

1,2,3,4,6,7,8-HpCDF M
407.7817 47:56 47:56   -2  1.000      91629      20034    144    360    139 M
409.7788 47:56 47:56   -2  1.000      86023      19586     17     42   1152  1.07(0.88-1.20) M

1,2,3,4,7,8,9-HpCDF RQM
407.7817 50:16 50:16   -1  1.000       9481       1657    144    360     12 M
409.7788 50:16 50:16   -1  1.000      11298       2063     17     42    121  0.84(0.88-1.20) M

Empc Correction       9116       1593     17     42     94

A Non-2,3,7,8-sub-HpCDF a

407.7817 48:20 49:56  -96  1.009      10868       1990    144    360     14 a
409.7788 48:19 49:56  -97  1.008       9704       1742     17     42    102  1.12(0.88-1.20)

407.7817 48:33 49:56  -82  1.013      95876      19277    144    360    134 a
409.7788 48:33 49:56  -82  1.013      86829      18158     17     42   1068  1.10(0.88-1.20)

OCDD M
457.7377 53:51 53:51   -2  1.000    9115446    2127352     11     27 193396 M
459.7348 53:51 53:51   -2  1.000   10187547    2434623     24     60 101443  0.89(0.76-1.02) M

OCDF M
441.7428 53:59 53:59   -2  1.000     715484     169149    106    265   1596 M
443.7399 53:59 53:59   -2  1.000     787614     188481     15     37  12565  0.91(0.76-1.02) M
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Report Date: 18-Dec-2019 03:36:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDD
331.9368 30:45 30:47   -3  1.017     610897      66355    438   1095    151
333.9338 30:45 30:47   -3  1.017     794592      82346    207    517    398  0.77(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:46 28:48   -3  0.951    1002529     116545    932   2330    125
317.9389 28:46 28:48   -3  0.951    1237177     145942    358    895    408  0.81(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:32 40:33   -2  1.340     715587     155676    207    517    752
369.8919 40:32 40:33   -2  1.340     463738      99345    218    545    456  1.54(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:44 38:45   -2  1.281    1086544     203352    505   1262    403
353.8970 38:44 38:45   -2  1.281     704270     129734    373    932    348  1.54(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:00 40:01   -2  1.323    1137433     232943    505   1262    461
353.8970 40:00 40:01   -2  1.323     682774     147021    373    932    394  1.67(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:47 44:47   -2  0.989     738929     186091    365    912    510
403.8529 44:47 44:47   -2  0.989     553748     137110     70    175   1959  1.33(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:54 44:54   -2  0.991     739253     163046    365    912    447
403.8529 44:54 44:54   -2  0.991     615543     135020     70    175   1929  1.20(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:46 43:46   -1  0.966     582510     147993    426   1065    347
385.8610 43:46 43:46   -1  0.966    1114954     285366    802   2005    356  0.52(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:54 43:54   -2  0.969     769332     177208    426   1065    416
385.8610 43:54 43:54   -2  0.969    1435544     326937    802   2005    408  0.54(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:37 44:37   -2  0.985     667667     158542    426   1065    372
385.8610 44:37 44:37   -2  0.985    1251226     302591    802   2005    377  0.53(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:33 45:33   -2  1.006     606825     120865    426   1065    284
385.8610 45:33 45:33   -2  1.006    1150734     233170    802   2005    291  0.53(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:35 49:35   -2  1.095     659493     114347    300    750    381
437.8140 49:35 49:35   -2  1.095     617829     107478    106    265   1014  1.07(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:55 47:55   -2  1.058     509380     100902    316    790    319
419.8220 47:55 47:55   -2  1.058    1066520     209925    383    957    548  0.48(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:15 50:14   -1  1.109     402709      71158    316    790    225
419.8220 50:15 50:14   -1  1.109     888991     150823    383    957    394  0.45(0.37-0.51)

13C-OCDD
469.7780 53:51 53:50   -1  1.189     982561     221065    265    662    834
471.7750 53:51 53:50   -1  1.189    1081572     242618    315    787    770  0.91(0.76-1.02)
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Report Date: 18-Dec-2019 03:36:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-OCDF
453.7830 53:58 53:58   -2  1.192    1521599     332638    317    792   1049
455.7801 53:58 53:58   -2  1.192    1668226     367284    344    860   1068  0.91(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:48 30:49   -2  1.018     347321      38733    338    845    115

13C-1,2,3,4-TCDD
331.9368 30:15 30:17   -3    1856827     199834    438   1095    456
333.9338 30:15 30:17   -3    2295443     257247    207    517   1243  0.81(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:18 45:20   -2    2490728     536476    365    912   1470
403.8529 45:18 45:20   -2    1892902     423041     70    175   6043  1.32(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Inject. Date: 17-Dec-2019 15:32:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDD, RT: 29.467

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1405489          148701
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1405489          148701

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:52              2766               429              3868               575      0.2011 0.72
25:36              3053               437              4785               616      0.2377 0.64 RQ
25:36              3053               437              3964               567      0.2128 Empc Correction
26:18              2275               312              2605               390      0.1480 0.87
27:44             11635              1344             14425              1872      0.7902 0.81
28:07              2077               249              2587               356      0.1414 0.80
28:27              1072               204              1058               131      0.0646 1.01 RQ
28:27               814               100              1058               131      0.0568 Empc Correction
30:15              3890               568              4731               510      0.2614 0.82
30:36              2529               391              4240               586      0.2052 0.60 RQ
30:36              2529               391              3284               507      0.1763 Empc Correction
31:56              3393               449              4596               454      0.2422 0.74
32:43               751               126              1280               196      0.0616 0.59 RQ
32:43               751               126               975               163      0.0523 Empc Correction
33:56              1585               213              1050               155      0.0799 1.51 RQ
33:56               808               119              1050               155      0.0563 Empc Correction
Signal Totals:

            33991              4524             43143              5680
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            80251             10563 0.77 RQ
            77134             10204 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.433 = (80251 * 50.000) / (1405489 * 1.173)
Empc Amount:          2.339 = (77134 * 50.000) / (1405489 * 1.173)
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Inject. Date: 17-Dec-2019 15:32:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDF, RT: 28.196

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2239706          262487
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2239706          262487

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

22:28              2140               285              3092               405      0.1073 0.69
23:20              2772               393              3062               426      0.1197 0.91 RQ
23:20              2357               328              3062               426      0.1112 Empc Correction
23:48              5000               836              7280              1088      0.2519 0.69
24:19              5928               843              8899              1205      0.3042 0.67
24:34              1903               262              3039               274      0.1014 0.63 RQ
24:34              1903               262              2471               340      0.0897 Empc Correction
25:02             10431              1301             15055              2104      0.5229 0.69
25:48             23533              2811             31478              3536        1.13 0.75
26:26              7014               902             10670               936      0.3628 0.66
26:58              9858              1358             10629              1227      0.4203 0.93 RQMa
26:58              8184               944             10629              1227      0.3860 Empc Correction
26:58              9858              1358             10629              1227      0.4203 0.93 RQM
26:58              8184               944             10629              1227      0.3860 Empc Correction
27:42             83524              9828            103018             13123        3.83 0.81
28:16              9980               530             14833               837      0.5091 0.67 M
30:01             12856              1631             16459              1789      0.6014 0.78
30:40              3558               377              4988               482      0.1753 0.71
32:49             27438              2614             38920              4615        1.36 0.70
33:37              1341               315              1475               270      0.0578 0.91 RQ
33:37              1135               207              1475               270      0.0535 Empc Correction
33:52             12668              1388             16022              1474      0.5886 0.79
Signal Totals:

           225833             26031            298980             35084
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           529350             62050 0.77 RQMa
           524813             61115 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         10.860 = (529350 * 50.000) / (2239706 * 1.088)
Empc Amount:         10.767 = (524813 * 50.000) / (2239706 * 1.088)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Inject. Date: 17-Dec-2019 15:32:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 7

Non-2,3,7,8-sub-PeCDD, RT: 39.432

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1179325          255021
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1179325          255021

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:35             14786              2087              5416              1118      0.8209 2.73 RQ
37:35              8394              1732              5416              1118      0.5611 Empc Correction
38:27             15250              2890             10711              2211        1.05 1.42
38:55              1944               398              1362               300      0.1343 1.43
39:09              5107               624              4594               437      0.3942 1.11 RQM
39:09              5107               624              3294               402      0.3414 Empc Correction
39:40              2516               496              1581               321      0.1665 1.59
39:47             11634              1758              5259              1041      0.6864 2.21 RQ
39:47              8151              1613              5259              1041      0.5449 Empc Correction
40:47               837               243              1005               200      0.0748 0.83 RQ
40:47               837               243               540               156      0.0560 Empc Correction
41:12              1958               436              1163               226      0.1268 1.68 M
Signal Totals:

            44157              8432             29326              5775
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            85123             14786 1.74 RQM
            73483             14207 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.459 = (85123 * 50.000) / (1179325 * 1.043)
Empc Amount:          2.986 = (73483 * 50.000) / (1179325 * 1.043)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Inject. Date: 17-Dec-2019 15:32:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 7

Non-2,3,7,8-sub-PeCDF, RT: 38.009

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         1790814          333086
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1820207          379964
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         1805510          356525

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:40             20013              2257             14287              1814      0.8262 1.40
37:14             24384              3142             13479              2025      0.9121 1.81 RQ
37:14             20892              3138             13479              2025      0.8280 Empc Correction
37:35              1866               263              1764               281      0.0874 1.06 RQ
37:35              1866               263              1203               169      0.0739 Empc Correction
38:07             22209              4830             13880              2489      0.8693 1.60
38:16              6354               835              3791               538      0.2444 1.68
38:41              2157               706              1028               217      0.0767 2.10 RQM
38:41              1593               336              1028               217      0.0631 Empc Correction
39:02              3160               447              2133               217      0.1275 1.48 M
39:23             22592              4011             14392              2366      0.8909 1.57 M
39:37              4541               620              3308               392      0.1891 1.37 M
40:13              5666               899              3642               495      0.2242 1.56
40:34              2678               535              1816               451      0.1083 1.47
41:26             12327              2855              7438              1617      0.4761 1.66 M
Signal Totals:

           123891             21026             80397             12790
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           208905             34302 1.58 RQM
           204288             33816 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.032 = (208905 * 50.000) / (1805510 * 1.150)
Empc Amount:          4.921 = (204288 * 50.000) / (1805510 * 1.150)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Inject. Date: 17-Dec-2019 15:32:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 7

Non-2,3,7,8-sub-HxCDD, RT: 44.304

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1292677          323201
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1354796          298066
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1323736          310633

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:15            222255             58068            177448             44135        12.9 1.25 M
43:49             11905              2877             10995              2465      0.7393 1.08
44:07             76233             17047             57002             12938        4.30 1.34
44:17             10712              2346              7722              1550      0.5951 1.39
Signal Totals:

           321105             80338            253167             61088
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           574272            141426 1.27 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         18.539 = (574272 * 50.000) / (1323736 * 1.170)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Inject. Date: 17-Dec-2019 15:32:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 7

Non-2,3,7,8-sub-HxCDF, RT: 44.151

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1697464          433359
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         2204876          504145
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         1918893          461133
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1757559          354035
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         1894698          438168

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:33             10222              2919              9227              2518      0.3977 1.11
42:44             44403             11586             34427              9032        1.61 1.29
43:07             12090              2167              8961              1750      0.4305 1.35 M
43:20             30702              8521             24248              6806        1.12 1.27
43:32             68812             20484             57921             16548        2.59 1.19
44:28             13710              3122             13070              2625      0.5476 1.05 M
Signal Totals:

           179939             48799            147854             39279
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           327793             88078 1.22 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          6.703 = (327793 * 50.000) / (1894698 * 1.290)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Inject. Date: 17-Dec-2019 15:32:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1277322          221825
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1277322          221825

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:25            921116            180392            873113            170175        62.7 1.05 M
Signal Totals:

           921116            180392            873113            170175
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1794229            350567 1.05 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         62.685 = (1794229 * 50.000) / (1277322 * 1.120)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Inject. Date: 17-Dec-2019 15:32:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDF, RT: 49.925

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1575900          310827
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1291700          221981
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1433800          266404

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:20             10868              1990              9704              1742      0.4983 1.12 a
48:33             95876             19277             86829             18158        4.43 1.10 a
Signal Totals:

           106744             21267             96533             19900
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           203277             41167 1.11 a

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.924 = (203277 * 50.000) / (1433800 * 1.440)

QC Flag Legend

Review Flags
a - User Assigned ID
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

0)

F1:m/z     319.8965
2,3,7,8-TCDD
          30.79

Non-2,3,7,8-sub-TCDD
          27.73

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

0)

F1:m/z     321.8936
2,3,7,8-TCDD
          30.76

24.51

TCDD Standards
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31.28
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
TCDD
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TCDD Lock Mass
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Standards
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
TCDF
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12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     315.9419
13C-2,3,7,8-TCDF
          28.75

20.64

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F1:m/z     317.9389
13C-2,3,7,8-TCDF
          28.75

20.64

Page 784 of 2476



Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.45- 33.94)
Signal: 1

Processing Integration Results
RT = 26.953 Area = 9858
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Manual Integration Results
RT = 26.953 Area = 9858
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Reviewer: parslyt, 18-Dec-2019 03:19:33
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Baseline
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.45- 33.94)
Signal: 1

Processing Integration Results
RT = 26.953 Area = 9858
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Manual Integration Results
RT = 26.953 Area = 9858
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Reviewer: parslyt, 18-Dec-2019 03:19:33
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Baseline
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.45- 33.94)
Signal: 2

Processing Integration Results
RT = 28.316 Area = 7177
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Manual Integration Results
RT = 28.316 Area = 14833 M
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Reviewer: parslyt, 18-Dec-2019 03:20:18
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

0)

F2:m/z     355.8546
Non-2,3,7,8-sub-PeCDD
          38.44

Non-2,3,7,8-sub-PeCDD
          37.57 Non-2,3,7,8-sub-PeCDD

          39.78

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F2:m/z     357.8516

37.73

35.40

38.21

34.64

PeCDD Standards

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F2:m/z     367.8949
13C-1,2,3,7,8-PeCDD
          40.52

40.83

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F2:m/z     369.8919
13C-1,2,3,7,8-PeCDD
          40.52

Page 790 of 2476



Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 2

Processing Integration Results
RT:  40.54
Area: 2918
Amount:    0.248067
Amount Units: pg/ul
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Manual Integration Results
RT:  40.54
Area: 2542
Amount:    0.232789
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:21:20
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.57- 41.29)
Signal: 1

Processing Integration Results
RT = 39.143 Area = 3119

38.5 38.7 38.9 39.1 39.3 39.5 39.7 39.9
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

26

28

30
Y

 ( 
X

10
0)

F2:m/z     355.8546

Manual Integration Results
RT = 39.143 Area = 5107 M
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Reviewer: parslyt, 18-Dec-2019 03:24:13
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 2,   m/z: 357.8516, RT: ( 37.57- 41.29)
Signal: 2

Processing Integration Results
RT = 39.126 Area = 2556
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Manual Integration Results
RT = 39.126 Area = 4594 M
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Reviewer: parslyt, 18-Dec-2019 03:23:12
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 37.57- 41.29)
Signal: 1

Processing Integration Results
RT = 41.195 Area = 2283
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Manual Integration Results
RT = 41.195 Area = 1958 M
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Reviewer: parslyt, 18-Dec-2019 03:24:13
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
PeCDF
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Report Date: 18-Dec-2019 03:36:19 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
PeCDF
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
PeCDF
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.73
Area: 11398
Amount:    0.425662
Amount Units: pg/ul

38.2 38.4 38.6 38.8 39.0 39.2
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

0)

F2:m/z     339.8597

 3
8.

73
0

Manual Integration Results
RT:  38.73
Area: 9786
Amount:    0.363593
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:25:30
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.75
Area: 6741
Amount:    0.425662
Amount Units: pg/ul
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Manual Integration Results
RT:  38.75
Area: 5708
Amount:    0.363593
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:25:35
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.61- 41.41)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.61- 41.41
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Manual Integration Results
RT = 38.678 Area = 2157 M
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Reviewer: parslyt, 18-Dec-2019 03:27:51
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.61- 41.41)
Signal: 1

Processing Integration Results
RT = 39.023 Area = 2589
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Manual Integration Results
RT = 39.023 Area = 3160 M
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Reviewer: parslyt, 18-Dec-2019 03:27:51
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.61- 41.41)
Signal: 2

Processing Integration Results
RT = 39.368 Area = 11917
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Manual Integration Results
RT = 39.368 Area = 14392 M
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Reviewer: parslyt, 18-Dec-2019 03:27:30
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.61- 41.41)
Signal: 1

Processing Integration Results
RT = 39.609 Area = 3122
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Manual Integration Results
RT = 39.609 Area = 4541 M
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Reviewer: parslyt, 18-Dec-2019 03:27:51
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.61- 41.41)
Signal: 2

Processing Integration Results
RT = 39.609 Area = 1682
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Manual Integration Results
RT = 39.609 Area = 3308 M
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Reviewer: parslyt, 18-Dec-2019 03:27:30
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.61- 41.41)
Signal: 1

Processing Integration Results
RT = 41.419 Area = 9889
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Manual Integration Results
RT = 41.419 Area = 12327 M
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Reviewer: parslyt, 18-Dec-2019 03:27:51
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  45.29
Area: 26029
Amount:    1.454553
Amount Units: pg/ul
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Manual Integration Results
RT:  45.29
Area: 23230
Amount:    1.333273
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:28:34
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  45.29
Area: 20997
Amount:    1.454553
Amount Units: pg/ul
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Manual Integration Results
RT:  45.29
Area: 19875
Amount:    1.333273
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:29:04
Audit Action: Manually Integrated Audit Reason: Analyst error
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8158, RT: ( 43.22- 45.38)
Signal: 1

Processing Integration Results
RT = 43.242 Area = 225462
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Manual Integration Results
RT = 43.242 Area = 222255 M
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Reviewer: parslyt, 18-Dec-2019 03:29:51
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 43.22- 45.38)
Signal: 2

Processing Integration Results
RT = 43.242 Area = 179498
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Manual Integration Results
RT = 43.242 Area = 177448 M
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Reviewer: parslyt, 18-Dec-2019 03:29:33
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
HxCDF
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Non-2,3,7,8-sub-HxCDF
          43.51

Non-2,3,7,8-sub-HxCDF
          42.72

Non-2,3,7,8-sub-HxCDF
          44.46

HxCDF Lock Mass
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     373.8208

Non-2,3,7,8-sub-HxCDF
          43.53

Non-2,3,7,8-sub-HxCDF
          42.72

Non-2,3,7,8-sub-HxCDF
          44.46

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
)
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Non-2,3,7,8-sub-HxCDF
          43.51

Non-2,3,7,8-sub-HxCDF
          42.72

Non-2,3,7,8-sub-HxCDF
          44.46

HxCDF Interference Mass
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  44.66
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Manual Integration Results
RT:  44.63
Area: 3156
Amount:    0.127876
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:30:30
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.53- 45.77)
Signal: 2

Processing Integration Results
RT = 43.107 Area = 6507
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Manual Integration Results
RT = 43.107 Area = 8961 M
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Reviewer: parslyt, 18-Dec-2019 03:31:44
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.53- 45.77)
Signal: 1

Processing Integration Results
RT = 44.458 Area = 16862

43.8 44.0 44.2 44.4 44.6 44.8 45.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
)

F3:m/z     373.8208

Manual Integration Results
RT = 44.458 Area = 13710 M
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Reviewer: parslyt, 18-Dec-2019 03:31:16
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
HpCDD
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          49.60

48.60 52.0351.1049.90 51.6450.53
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
HpCDD
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F4:m/z     423.7767
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          48.41

1,2,3,4,6,7,8-HpCDD
          49.60

48.60 52.0351.1049.90 51.6450.53
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          49.60

48.60 51.7250.14

HpCDD Lock Mass
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDD, Signal: 1,   m/z: 423.7767, RT: ( 48.40- 49.68)
Signal: 1

Processing Integration Results
RT = 48.414 Area = 947064

47.7 47.9 48.1 48.3 48.5 48.7 48.9
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F4:m/z     423.7767

Manual Integration Results
RT = 48.414 Area = 921116 M
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Reviewer: parslyt, 18-Dec-2019 03:33:07
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDD, Signal: 2,   m/z: 425.7737, RT: ( 48.40- 49.68)
Signal: 2

Processing Integration Results
RT = 48.414 Area = 890841
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Manual Integration Results
RT = 48.414 Area = 873113 M
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Reviewer: parslyt, 18-Dec-2019 03:33:03
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
HpCDF
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          50.2547.20
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          47.91
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          50.24
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          50.24
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
HpCDF
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          50.2548.73
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HpCDF Lock Mass
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Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770

Page 824 of 2476



Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
HpCDF
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HpCDF Interference Mass
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  47.92
Area: 104452
Amount:    4.235836
Amount Units: pg/ul
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Manual Integration Results
RT:  47.92
Area: 91629
Amount:    3.761771
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:33:45
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  47.92
Area: 95588
Amount:    4.235836
Amount Units: pg/ul
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Manual Integration Results
RT:  47.92
Area: 86023
Amount:    3.761771
Amount Units: pg/ul

47.5 47.7 47.9 48.1 48.3 48.5
Min

RT

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
)

F4:m/z     409.7788

 4
7.

92
4

Reviewer: parslyt, 18-Dec-2019 03:33:49
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 2

Processing Integration Results
RT:  50.25
Area: 13342
Amount:    0.703912
Amount Units: pg/ul
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Manual Integration Results
RT:  50.25
Area: 11298
Amount:    0.582547
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:34:11
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  50.25
Area: 11766
Amount:    0.703912
Amount Units: pg/ul
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Manual Integration Results
RT:  50.25
Area: 9481
Amount:    0.582547
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:34:14
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 2

Processing Integration Results
RT:  53.84
Area: 11006207
Amount:    837.6856
Amount Units: pg/ul
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Manual Integration Results
RT:  53.84
Area: 10187547
Amount:    774.6173
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:35:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 1

Processing Integration Results
RT:  53.84
Area: 9868410
Amount:    837.6856
Amount Units: pg/ul
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Manual Integration Results
RT:  53.84
Area: 9115446
Amount:    774.6173
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:35:24
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
OCDF
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OCDF Lock Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770

Page 835 of 2476



Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36146 Sample Line#: 7
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  53.98
Area: 758456
Amount:   45.117429
Amount Units: pg/ul

53.6 53.8 54.0 54.2 54.4 54.6
Min

-1

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
0)

F5:m/z     441.7428

 5
3.

97
8

Manual Integration Results
RT:  53.98
Area: 715484
Amount:   42.217293
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:35:46
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:36:20 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-8-a.d
Injection Date: 17-Dec-2019 15:32:00 Instrument ID: D2A
Lims ID: 140-17578-A-8-A          Lab Sample ID: 140-17578-8              
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  53.98
Area: 847898
Amount:   45.117429
Amount Units: pg/ul

53.5 53.7 53.9 54.1 54.3 54.5 54.7
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F5:m/z     443.7399

 5
3.

97
8

Manual Integration Results
RT:  53.98
Area: 787614
Amount:   42.217293
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:35:49
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
3(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-8

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-8-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  12:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  06:55

Low1(uL)

20(uL)

% Moisture: 32.2

Sample wt/vol: 10.16(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.5 0.3951207-31-9 2,3,7,8-TCDF 24

%RECCAS NO. LIMITSQISOTOPE DILUTION

64 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 09:06:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A          
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 06:55:00 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-012
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:06:23

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:41      95823 0.79   1.2213       3.047       3.047   0.1368   0.1368
  2,3,7,8-TCDF 22:14     362485 0.79   1.1100       8.143       8.143   0.1349   0.1349
D 13C-2,3,7,8-TCDD 19:40    1287295 0.81   1.0031        33.0        33.0   0.6939   0.6939  66.08
D 13C-2,3,7,8-TCDF 22:11    2005035 0.77   1.6193        31.9        31.9   0.1620   0.1620  63.76
$ 37Cl4-2,3,7,8-TCDD 19:41     325554   1.1834       7.083       7.083   0.1723   0.1723  70.83

* 13C-1,2,3,4-TCDD 20:08    3883837 0.79  1.6E+05       100.0       100.0
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Report Date: 18-Dec-2019 09:06:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-8-a.d
Lims ID: 140-17578-A-8-A          
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 06:55:00 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-012
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:06:23

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:41 19:44   -2  1.001      42437       5877    149    372     39
321.8936 19:42 19:44   -1  1.002      53386       7804    137    342     57  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:14 22:14   -2  1.002     160483      21108    152    380    139
305.8987 22:13 22:14   -3  1.002     202002      27786    159    397    175  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:40 19:41   -2  0.977     575191      96009   1131   2827     85
333.9338 19:40 19:41   -2  0.977     712104     118019    583   1457    202  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:11 22:14   -3  1.102     870046     113499    329    822    345
317.9389 22:11 22:14   -3  1.102    1134989     145850    317    792    460  0.77(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:41 19:42   -2  0.978     325554      50673    502   1255    101

13C-1,2,3,4-TCDD
331.9368 20:08 20:09   -2    1714142     278258   1131   2827    246
333.9338 20:08 20:09   -2    2169695     337362    583   1457    579  0.79(0.65-0.89)
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Report Date: 18-Dec-2019 09:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-8-a.d
Injection Date: 18-Dec-2019 06:55:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36167 Sample Line#: 12
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F1:m/z     303.9016
2,3,7,8-TCDF
          22.22

19.60

21.5315.87 18.02
23.45 26.5311.90 30.24

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
)

F1:m/z     305.8987
2,3,7,8-TCDF
          22.20

19.60

21.5315.87 18.00 23.45 26.4912.13

TCDF Standards

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     315.9419
13C-2,3,7,8-TCDF
          22.17

15.39 19.30 29.2726.4610.05 15.7612.30

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F1:m/z     317.9389
13C-2,3,7,8-TCDF
          22.17

15.39 19.288.85 26.4913.66
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Report Date: 18-Dec-2019 09:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-8-a.d
Injection Date: 18-Dec-2019 06:55:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36167 Sample Line#: 12
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F1:m/z     303.9016

2,3,7,8-TCDF
          22.22

19.60

21.5315.87
18.02

23.45 26.5320.4411.90 30.24

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
)

F1:m/z     305.8987

2,3,7,8-TCDF
          22.20

19.60

21.5315.87 18.00
23.45 26.49

12.13

TCDF Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 09:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-8-a.d
Injection Date: 18-Dec-2019 06:55:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA03(4-6)
Worklist#: 36167 Sample Line#: 12
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F1:m/z     303.9016

2,3,7,8-TCDF
          22.22

19.60

21.5315.87
18.02

23.45 26.5320.4411.90 30.24

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
)

F1:m/z     305.8987

2,3,7,8-TCDF
          22.20

19.60

21.5315.87 18.00
23.45 26.49

12.13

TCDF Interference Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

2

9

16

23

30

37

44

51

58

65

72

Y
 ( 

X
10

0)

F1:m/z     375.8364 15.87

14.22

16.24

16.89
21.52

13.34

12.74 18.20
23.9219.97

31.8630.24
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-9

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-9-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  16:33

Low1(uL)

20(uL)

% Moisture: 16.4

Sample wt/vol: 10.37(g)

N

Analysis Batch No.: 36146 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.2 0.131746-01-6 2,3,7,8-TCDD 74

1.2 0.13B q41903-57-5 Total TCDD 84

5.8 0.032J40321-76-4 1,2,3,7,8-PeCDD 0.69

5.8 0.032J q36088-22-9 Total PeCDD 2.7

5.8 0.023J q39227-28-6 1,2,3,4,7,8-HxCDD 0.20

5.8 0.023J57653-85-7 1,2,3,6,7,8-HxCDD 0.45

5.8 0.022J19408-74-3 1,2,3,7,8,9-HxCDD 0.87

5.8 0.022B q34465-46-8 Total HxCDD 14

5.8 0.17B35822-46-9 1,2,3,4,6,7,8-HpCDD 16

5.8 0.17B37871-00-4 Total HpCDD 55

12 0.072B3268-87-9 OCDD 380

1.2 0.11B q30402-14-3 Total TCDF 600

5.8 0.06957117-41-6 1,2,3,7,8-PeCDF 6.6

5.8 0.062J57117-31-4 2,3,4,7,8-PeCDF 4.7

5.8 0.066q30402-15-4 Total PeCDF 19

5.8 0.05670648-26-9 1,2,3,4,7,8-HxCDF 9.6

5.8 0.053J57117-44-9 1,2,3,6,7,8-HxCDF 2.3

5.8 0.059J q60851-34-5 2,3,4,6,7,8-HxCDF 0.35

5.8 0.076J72918-21-9 1,2,3,7,8,9-HxCDF 0.24

5.8 0.061I q55684-94-1 Total HxCDF 16

5.8 0.048J B67562-39-4 1,2,3,4,6,7,8-HpCDF 3.1

5.8 0.080J B q55673-89-7 1,2,3,4,7,8,9-HpCDF 0.79

5.8 0.064B q38998-75-3 Total HpCDF 6.1

12 0.053J B39001-02-0 OCDF 10

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-9

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-9-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  16:33

Low1(uL)

20(uL)

% Moisture: 16.4

Sample wt/vol: 10.37(g)

N

Analysis Batch No.: 36146 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

64 25-16476523-40-5 13C-2,3,7,8-TCDD

61 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

65 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

67 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

68 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

61 17-157114423-97-1 13C-OCDD

63 24-16989059-46-1 13C-2,3,7,8-TCDF

62 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

63 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

63 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

68 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

64 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

66 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

66 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

62 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

61 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

73 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A          
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Sample Type: Client
Inject. Date: 17-Dec-2019 16:33:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-008
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 03:48:59 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 03:48:59

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:47     991747 0.80   1.1733        31.8        31.8   0.0553   0.0553
A Non-2,3,7,8-sub-TCDD 29:29     137709 0.77   1.1733       4.436       4.422   0.0553    3.176  RQ
S Total TCDD        36.3        36.3   0.0553   0.0553  RQ

  2,3,7,8-TCDF 28:48    6620030 0.79   1.0881       142.2       142.2   0.0486   0.0486
A Non-2,3,7,8-sub-TCDF 28:12    5511211 0.77   1.0881       119.4       118.4   0.0486     64.2  RQM
S Total TCDF       261.6       260.6   0.0486   0.0486  RQ

  1,2,3,7,8-PeCDD 40:33       6435 1.55   1.0434      0.2973      0.2973   0.0139   0.0139  M
A Non-2,3,7,8-sub-PeCDD 39:26      18760 1.55   1.0434      0.9752      0.8667   0.0139   0.4127  RQ
S Total PeCDD       1.273       1.164   0.0139   0.0139  RQ

  1,2,3,7,8-PeCDF 38:45     112161 1.66   1.1898       2.851       2.851   0.0301   0.0301  M
  2,3,4,7,8-PeCDF 40:01      76482 1.46   1.1095       2.058       2.058   0.0270   0.0270
A Non-2,3,7,8-sub-PeCDF 38:01     135160 1.55   1.1496       3.613       3.532   0.0284    1.368  RQMa
S Total PeCDF       8.522       8.441   0.0285   0.0285  RQ

  1,2,3,4,7,8-HxCDD 44:48       2318 1.24   1.1409      0.0989      0.0885   0.0100   0.0100  RQ
  1,2,3,6,7,8-HxCDD 44:55       5499 1.33   1.1481      0.1948      0.1948   0.0100   0.0100
  1,2,3,7,8,9-HxCDD 45:19      10900 1.19   1.2212      0.3755      0.3755 0.009329 0.009329
A Non-2,3,7,8-sub-HxCDD 44:19     147134 1.24   1.1700       5.365       5.290 0.009737    3.914  RQM
S Total HxCDD       6.034       5.948 0.009746 0.009746  RQ

  1,2,3,4,7,8-HxCDF 43:47     170934 1.19   1.3629       4.149       4.149   0.0241   0.0241  M
  1,2,3,6,7,8-HxCDF 43:55      49425 1.12   1.2762      0.9772      0.9772   0.0229   0.0229  M
  2,3,4,6,7,8-HxCDF 44:38       6640 1.24   1.2654      0.1699      0.1538   0.0254   0.0254  RQM
  1,2,3,7,8,9-HxCDF 45:35       4176 1.06   1.2573      0.1049      0.1049   0.0327   0.0327  M
A Non-2,3,7,8-sub-HxCDF 44:10      64083 1.24   1.2905       1.561       1.464   0.0258   0.5085  RQMa
S Total HxCDF       6.962       6.850   0.0263   0.0263  RQ

  1,2,3,4,6,7,8-HpCDD 49:36     172424 1.06   1.1204       6.906       6.906   0.0734   0.0734
A Non-2,3,7,8-sub-HpCDD 49:03     421123 1.01   1.1204        16.9        16.9   0.0734     16.9
S Total HpCDD        23.8        23.8   0.0734   0.0734

  1,2,3,4,6,7,8-HpCDF 47:56      55845 1.05   1.4984       1.340       1.340   0.0210   0.0210  M
  1,2,3,4,7,8,9-HpCDF 50:17      10546 1.04   1.3807      0.3974      0.3425   0.0345   0.0345  RQMa
A Non-2,3,7,8-sub-HpCDF 49:56      35183 1.04   1.4395       1.005      0.9753   0.0263   0.8884  RQMa
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       2.742       2.658   0.0277   0.0277  RQ

  OCDD 53:51    3496306 0.89   1.2073       166.6       166.6   0.0311   0.0311  M
  OCDF 53:59     128067 0.86   1.1162       4.388       4.388   0.0228   0.0228  M
D 13C-2,3,7,8-TCDD 30:45    1327174 0.78   1.0709        32.0        32.0   0.2836   0.2836  63.99
D 13C-2,3,7,8-TCDF 28:46    2138748 0.80   1.7545        31.5        31.5   0.1951   0.1951  62.95
D 13C-1,2,3,7,8-PeCDD 40:32    1037285 1.65   0.8743        30.6        30.6   0.3573   0.3573  61.26
D 13C-1,2,3,7,8-PeCDF 38:44    1653147 1.60   1.3704        31.1        31.1   0.4110   0.4110  62.29
D 13C-2,3,4,7,8-PeCDF 40:00    1675164 1.63   1.3837        31.3        31.3   0.4070   0.4070  62.51
D 13C-1,2,3,4,7,8-HxCDD 44:47    1148142 1.26   0.8772        32.6        32.6   0.0944   0.0944  65.21
D 13C-1,2,3,6,7,8-HxCDD 44:54    1229212 1.26   0.9171        33.4        33.4   0.0903   0.0903  66.78
D 13C-1,2,3,4,7,8-HxCDF 43:46    1511260 0.54   1.1892        31.7        31.7   0.2508   0.2508  63.31
D 13C-1,2,3,6,7,8-HxCDF 43:55    1981598 0.54   1.4625        33.8        33.8   0.2039   0.2039  67.50
D 13C-2,3,4,6,7,8-HxCDF 44:37    1706388 0.50   1.3197        32.2        32.2   0.2260   0.2260  64.42
D 13C-1,2,3,7,8,9-HxCDF 45:34    1583049 0.53   1.2001        32.9        32.9   0.2485   0.2485  65.72
D 13C-1,2,3,4,6,7,8-HpCDD 49:35    1114149 1.14   0.8155        34.0        34.0   0.2293   0.2293  68.07
D 13C-1,2,3,4,6,7,8-HpCDF 47:55    1390850 0.46   1.0496        33.0        33.0   0.2258   0.2258  66.02
D 13C-1,2,3,4,7,8,9-HpCDF 50:14    1114964 0.46   0.8947        31.0        31.0   0.2649   0.2649  62.08
D 13C-OCDD 53:51    1738256 0.88   0.7044        61.5        61.5   0.3591   0.3591  61.47
D 13C-OCDF 53:58    2614676 0.88   1.0615        61.4        61.4   0.2066   0.2066  61.36
$ 37Cl4-2,3,7,8-TCDD 30:47     346109   1.2266       7.286       7.286   0.0865   0.0865  72.86

* 13C-1,2,3,4-TCDD 30:14    3873053 0.83  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:18    4014506 1.30    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A          
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Sample Type: Client
Inject. Date: 17-Dec-2019 16:33:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-008
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 03:48:59 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 03:48:59

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:47 30:51   -3  1.001     439560      45869     32     80   1433
321.8936 30:47 30:51   -3  1.001     552187      59524     38     95   1566  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQ

319.8965 24:51 29:29 -277  0.808       1301        241     32     80      8
Empc Correction        850        168     32     80      5

321.8936 24:52 29:29 -276  0.809       1104        219     38     95      6  1.18(0.65-0.89)

319.8965 27:46 29:29 -102  0.903       8219        979     32     80     31
321.8936 27:44 29:29 -104  0.902       9735       1084     38     95     29  0.84(0.65-0.89)

319.8965 28:41 29:29  -48  0.933       1886        319     32     80     10
321.8936 28:45 29:29  -44  0.935       2308        314     38     95      8  0.82(0.65-0.89)

319.8965 30:16 29:29   47  0.984       1569        223     32     80      7
321.8936 30:09 29:29   40  0.980       1932        274     38     95      7  0.81(0.65-0.89)

319.8965 30:31 29:29   62  0.992       4741        997     32     80     31
321.8936 30:31 29:29   62  0.992       6457       1067     38     95     28  0.73(0.65-0.89)

319.8965 31:52 29:29  143  1.036      45186       4693     32     80    147
321.8936 31:53 29:29  144  1.037      53722       5480     38     95    144  0.84(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:48 28:49   -3  1.001    2927926     304654     47    117   6482
305.8987 28:48 28:49   -3  1.001    3692104     379169     56    140   6771  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 23:20 28:12 -291  0.811       4989        680     47    117     14
Empc Correction       3277        552     47    117     12

305.8987 23:20 28:12 -291  0.811       4257        718     56    140     13  1.17(0.65-0.89)

303.9016 23:48 28:12 -264  0.827       3445        554     47    117     12
305.8987 23:48 28:12 -264  0.827       4806        631     56    140     11  0.72(0.65-0.89)
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 24:20 28:12 -232  0.846      26692       3093     47    117     66
305.8987 24:19 28:12 -233  0.845      34196       4734     56    140     85  0.78(0.65-0.89)

303.9016 24:37 28:12 -215  0.856       2764        510     47    117     11
305.8987 24:34 28:12 -218  0.854       4583        626     56    140     11  0.60(0.65-0.89) M

Empc Correction       3589        662     56    140     12

303.9016 25:02 28:12 -189  0.871     136407      16485     47    117    351
305.8987 25:02 28:12 -189  0.871     170512      20957     56    140    374  0.80(0.65-0.89)

303.9016 25:37 28:12 -155  0.890      25002       6210     47    117    132
305.8987 25:38 28:12 -154  0.891      49863       8562     56    140    153  0.50(0.65-0.89)

Empc Correction      32470       8064     56    140    144

303.9016 25:45 28:12 -147  0.895     148111      18173     47    117    387
Empc Correction     125111      15793     47    117    336

305.8987 25:46 28:12 -146  0.896     162482      20511     56    140    366  0.91(0.65-0.89)

303.9016 26:12 28:12 -120  0.911      25891       3149     47    117     67
305.8987 26:14 28:12 -118  0.912      29133       4104     56    140     73  0.89(0.65-0.89)

303.9016 26:25 28:12 -107  0.919      82878      10195     47    117    217
305.8987 26:25 28:12 -107  0.919     101388      13367     56    140    239  0.82(0.65-0.89)

303.9016 26:57 28:12  -76  0.937     118456      14876     47    117    317
305.8987 26:57 28:12  -76  0.937     150262      19296     56    140    345  0.79(0.65-0.89)

303.9016 27:12 28:12  -60  0.946      14763       2042     47    117     43
305.8987 27:11 28:12  -61  0.945      17071       1829     56    140     33  0.86(0.65-0.89)

303.9016 27:42 28:12  -30  0.963    1320706     157141     47    117   3343
305.8987 27:42 28:12  -30  0.963    1666473     199779     56    140   3567  0.79(0.65-0.89)

303.9016 28:19 28:12    7  0.985      68532       8264     47    117    176
305.8987 28:19 28:12    7  0.985      89405      10751     56    140    192  0.77(0.65-0.89)

303.9016 29:23 28:12   71  1.022       4244        493     47    117     10
Empc Correction       2803        348     47    117      7

305.8987 29:24 28:12   72  1.022       3641        452     56    140      8  1.17(0.65-0.89)

303.9016 29:59 28:12  107  1.043     209583      23004     47    117    489
305.8987 29:59 28:12  107  1.043     268215      29556     56    140    528  0.78(0.65-0.89)

303.9016 30:40 28:12  147  1.066      44883       4608     47    117     98
305.8987 30:40 28:12  147  1.066      59998       5147     56    140     92  0.75(0.65-0.89)

303.9016 32:47 28:12  274  1.140       4531        262     47    117      6
Empc Correction       2498        262     47    117      6

305.8987 32:49 28:12  276  1.141       3245        341     56    140      6  1.40(0.65-0.89)

303.9016 33:51 28:12  338  1.177     222755      22305     47    117    475
305.8987 33:51 28:12  338  1.177     273622      27429     56    140    490  0.81(0.65-0.89)

1,2,3,7,8-PeCDD M
355.8546 40:33 40:33   -2  1.000       3911       1077     16     40     67 M
357.8516 40:32 40:33   -3  1.000       2524        450     11     27     41  1.55(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 37:35 39:26 -111  0.927       3218        595     16     40     37
Empc Correction       2404        460     16     40     29

357.8516 37:35 39:26 -111  0.927       1551        297     11     27     27  2.07(1.32-1.78)
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

355.8546 38:27 39:26  -60  0.949       5296       1000     16     40     63
357.8516 38:27 39:26  -60  0.949       3638        786     11     27     71  1.46(1.32-1.78)

355.8546 39:07 39:26  -19  0.965        995        270     16     40     17
357.8516 39:07 39:26  -19  0.965        799        230     11     27     21  1.25(1.32-1.78)

Empc Correction        641        174     11     27     16

355.8546 39:40 39:26   14  0.979       1226        192     16     40     12
Empc Correction        916        187     16     40     12

357.8516 39:39 39:26   13  0.978        591        121     11     27     11  2.07(1.32-1.78)

355.8546 39:49 39:26   23  0.983       2726        567     16     40     35
Empc Correction       1658        320     16     40     20

357.8516 39:47 39:26   21  0.982       1070        207     11     27     19  2.55(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 38:45 38:45   -2  1.000      70054      12587     40    100    315 M
341.8567 38:45 38:45   -2  1.000      42107       7986     47    117    170  1.66(1.32-1.78) M

2,3,4,7,8-PeCDF
339.8597 40:01 40:01   -2  1.000      45429       9858     40    100    246
341.8567 40:01 40:01   -2  1.000      31053       6937     47    117    148  1.46(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 34:40 38:01 -201  0.895       3654        635     40    100     16
341.8567 34:38 38:01 -203  0.894       2946        420     47    117      9  1.24(1.32-1.78)

Empc Correction       2357        409     47    117      9

339.8597 37:15 38:01  -46  0.962      32077       4925     40    100    123
341.8567 37:14 38:01  -47  0.961      20286       3428     47    117     73  1.58(1.32-1.78)

339.8597 37:34 38:01  -27  0.970        700        150     40    100      4
341.8567 37:33 38:01  -28  0.969       1799        258     47    117      5  0.39(1.32-1.78)

Empc Correction        451         96     47    117      2

339.8597 38:40 38:01   39  0.998       5989       1803     40    100     45 M
Empc Correction       4839       1709     40    100     43

341.8567 38:40 38:01   39  0.998       3122       1103     47    117     23  1.92(1.32-1.78)

339.8597 39:17 38:01   76  1.014      22660       4365     40    100    109
341.8567 39:16 38:01   75  1.014      15956       2962     47    117     63  1.42(1.32-1.78)

339.8597 40:16 38:01  135  1.040      13340       2783     40    100     70
341.8567 40:15 38:01  134  1.039       8688       1635     47    117     35  1.54(1.32-1.78)

339.8597 41:21 38:01  200  1.068       4127        814     40    100     20 M
341.8567 41:20 38:01  199  1.067       2903        621     47    117     13  1.42(1.32-1.78)

1,2,3,4,7,8-HxCDD RQ
389.8158 44:48 44:49   -2  1.000       1556        284     19     47     15

Empc Correction       1283        355     19     47     19
391.8127 44:48 44:49   -2  1.000       1035        287      7     17     41  1.50(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:55 44:55   -2  1.000       3134        746     19     47     39
391.8127 44:55 44:55   -2  1.000       2365        515      7     17     74  1.33(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:19 45:18   -2  1.012       5919       1043     19     47     55
391.8127 45:19 45:18   -2  1.012       4981        873      7     17    125  1.19(1.05-1.43)
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HxCDD RQM

389.8158 43:15 44:19  -64  0.963      59435      15600     19     47    821 M
391.8127 43:15 44:19  -64  0.963      49435      13412      7     17   1916  1.20(1.05-1.43)

389.8158 43:50 44:19  -28  0.976       4021        643     19     47     34
Empc Correction       2390        620     19     47     33

391.8127 43:48 44:19  -30  0.976       1928        500      7     17     71  2.09(1.05-1.43)

389.8158 44:07 44:19  -12  0.982      16411       3897     19     47    205
391.8127 44:06 44:19  -13  0.982      14044       3182      7     17    455  1.17(1.05-1.43)

389.8158 44:17 44:19   -2  0.986       1933        429     19     47     23
391.8127 44:18 44:19   -1  0.986       2017        411      7     17     59  0.96(1.05-1.43)

Empc Correction       1558        345      7     17     49

1,2,3,4,7,8-HxCDF M
373.8208 43:47 43:47   -2  1.000      92986      23690     53    132    447
375.8178 43:47 43:47   -2  1.000      77948      19346     54    135    358  1.19(1.05-1.43) M

1,2,3,6,7,8-HxCDF M
373.8208 43:55 43:55   -2  1.000      26143       5960     53    132    112 M
375.8178 43:55 43:55   -2  1.000      23282       5639     54    135    104  1.12(1.05-1.43) M

2,3,4,6,7,8-HxCDF RQM
373.8208 44:38 44:38   -2  1.000       3676        963     53    132     18 M
375.8178 44:38 44:38   -2  1.000       3661        730     54    135     14  1.00(1.05-1.43) M

Empc Correction       2964        776     54    135     14

1,2,3,7,8,9-HxCDF M
373.8208 45:35 45:35   -1  1.000       2146        461     53    132      9 M
375.8178 45:35 45:35   -1  1.000       2030        423     54    135      8  1.06(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDF RQMa

373.8208 42:33 44:10  -96  0.969       2908        649     53    132     12 a
Empc Correction       2424        705     53    132     13

375.8178 42:33 44:10  -96  0.969       1955        569     54    135     11  1.49(1.05-1.43)

373.8208 42:44 44:10  -86  0.973      12077       3187     53    132     60 a
375.8178 42:44 44:10  -86  0.973      10174       2373     54    135     44  1.19(1.05-1.43)

373.8208 43:20 44:10  -49  0.987       6674       1721     53    132     32 a
375.8178 43:20 44:10  -49  0.987       6540       1641     54    135     30  1.02(1.05-1.43)

Empc Correction       5382       1387     54    135     26

373.8208 43:32 44:10  -37  0.992       5045       1171     53    132     22 M
375.8178 43:32 44:10  -37  0.992       4858       1104     54    135     20  1.04(1.05-1.43)

Empc Correction       4068        944     54    135     17

373.8208 44:32 44:10   22  1.014       3497        516     53    132     10 M
375.8178 44:28 44:10   18  1.013       3388        470     54    135      9  1.03(1.05-1.43)

Empc Correction       2820        416     54    135      8

373.8208 45:42 44:10   92  1.041       5518       1371     53    132     26 M
375.8178 45:42 44:10   92  1.041       5659       1457     54    135     27  0.98(1.05-1.43)

Empc Correction       4449       1105     54    135     20

1,2,3,4,6,7,8-HpCDD
423.7767 49:36 49:35   -2  1.000      88799      16832     63    157    267
425.7737 49:36 49:35   -2  1.000      83625      13458     66    165    204  1.06(0.88-1.20)
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDD

423.7767 48:25 49:03  -37  0.976     211312      39973     63    157    634
425.7737 48:25 49:03  -37  0.976     209811      41075     66    165    622  1.01(0.88-1.20)

1,2,3,4,6,7,8-HpCDF M
407.7817 47:56 47:56   -2  1.000      28648       6149     12     30    512 M
409.7788 47:56 47:56   -2  1.000      27197       5421     60    150     90  1.05(0.88-1.20) M

1,2,3,4,7,8,9-HpCDF RQMa
407.7817 50:17 50:15    0  1.001       7067       1073     12     30     89 M

Empc Correction       5376       1087     12     30     91
409.7788 50:15 50:15   -2  1.000       5170       1046     60    150     17  1.37(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDF RQMa

407.7817 48:18 49:56  -98  1.008       2660        529     12     30     44 a
Empc Correction       1599        246     12     30     21

409.7788 48:18 49:56  -98  1.008       1538        237     60    150      4  1.73(0.88-1.20)

407.7817 48:35 49:56  -81  1.014      16088       3549     12     30    296 a
409.7788 48:34 49:56  -82  1.013      15958       3281     60    150     55  1.01(0.88-1.20) M

OCDD M
457.7377 53:51 53:51   -2  1.000    1648167     373984     34     85  11000 M
459.7348 53:51 53:51   -2  1.000    1848139     420127     21     52  20006  0.89(0.76-1.02) M

OCDF M
441.7428 53:59 53:59   -2  1.000      59098      14384     15     37    959 M
443.7399 53:59 53:59   -2  1.000      68969      17713     43    107    412  0.86(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:45 30:47   -3  1.017     581802      57181    345    862    166
333.9338 30:45 30:47   -3  1.017     745372      77715    184    460    422  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:46 28:48   -3  0.952     950697     104799    225    562    466
317.9389 28:46 28:48   -3  0.952    1188051     138014    371    927    372  0.80(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:32 40:33   -2  1.341     645457     141488    258    645    548
369.8919 40:32 40:33   -2  1.341     391828      89798    286    715    314  1.65(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:44 38:45   -2  1.282    1017440     186818    653   1632    286
353.8970 38:44 38:45   -2  1.282     635707     116419    328    820    355  1.60(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:00 40:01   -2  1.323    1038261     224496    653   1632    344
353.8970 40:00 40:01   -2  1.323     636903     137527    328    820    419  1.63(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:47 44:47   -2  0.989     639513     157767    235    587    671
403.8529 44:47 44:47   -2  0.989     508629     128451     60    150   2141  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:54 44:54   -2  0.991     686317     158305    235    587    674
403.8529 44:54 44:54   -2  0.991     542895     126033     60    150   2101  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:46 43:46   -1  0.966     529634     142148    454   1135    313
385.8610 43:46 43:46   -1  0.966     981626     264179    608   1520    435  0.54(0.43-0.59)
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDF
383.8639 43:55 43:54   -1  0.969     693554     160013    454   1135    352
385.8610 43:55 43:54   -1  0.969    1288044     296956    608   1520    488  0.54(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:37 44:37   -2  0.985     569209     138350    454   1135    305
385.8610 44:37 44:37   -2  0.985    1137179     277082    608   1520    456  0.50(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:34 45:33   -1  1.006     546746     111407    454   1135    245
385.8610 45:34 45:33   -1  1.006    1036303     212951    608   1520    350  0.53(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:35 49:35   -2  1.095     592409     102326    364    910    281
437.8140 49:35 49:35   -2  1.095     521740      93478    302    755    310  1.14(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:55 47:55   -2  1.058     441289      90629    301    752    301
419.8220 47:55 47:55   -2  1.058     949561     195687    543   1357    360  0.46(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:14 50:14   -2  1.109     351970      61658    301    752    205
419.8220 50:15 50:14   -1  1.109     762994     127302    543   1357    234  0.46(0.37-0.51)

13C-OCDD
469.7780 53:51 53:50   -1  1.189     811562     173666    567   1417    306
471.7750 53:51 53:50   -1  1.189     926694     191257    334    835    573  0.88(0.76-1.02)

13C-OCDF
453.7830 53:58 53:58   -2  1.192    1225288     267028    246    615   1085
455.7801 53:58 53:58   -2  1.192    1389388     303901    535   1337    568  0.88(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:47 30:49   -3  1.018     346109      35567    185    462    192

13C-1,2,3,4-TCDD
331.9368 30:14 30:17   -4    1755357     201945    345    862    585
333.9338 30:14 30:17   -4    2117696     233384    184    460   1268  0.83(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:18 45:20   -2    2270583     498603    235    587   2122
403.8529 45:18 45:20   -2    1743923     391727     60    150   6529  1.30(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID

Page 854 of 2476



Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Inject. Date: 17-Dec-2019 16:33:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDD, RT: 29.467

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1327174          134896
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1327174          134896

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:51              1301               241              1104               219      0.0772 1.18 RQ
24:51               850               168              1104               219      0.0627 Empc Correction
27:46              8219               979              9735              1084      0.5765 0.84
28:41              1886               319              2308               314      0.1347 0.82
30:16              1569               223              1932               274      0.1124 0.81
30:31              4741               997              6457              1067      0.3596 0.73
31:52             45186              4693             53722              5480        3.18 0.84
Signal Totals:

            62451              7379             75258              8438
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           138160             15890 0.84 RQ
           137709             15817 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.436 = (138160 * 50.000) / (1327174 * 1.173)
Empc Amount:          4.422 = (137709 * 50.000) / (1327174 * 1.173)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Inject. Date: 17-Dec-2019 16:33:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDF, RT: 28.196

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2138748          242813
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2138748          242813

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:20              4989               680              4257               718      0.1986 1.17 RQ
23:20              3277               552              4257               718      0.1619 Empc Correction
23:48              3445               554              4806               631      0.1773 0.72
24:20             26692              3093             34196              4734        1.31 0.78
24:37              2764               510              4583               626      0.1578 0.60 RQM
24:37              2764               510              3589               662      0.1365 Empc Correction
25:02            136407             16485            170512             20957        6.59 0.80
25:37             25002              6210             49863              8562        1.61 0.50 RQ
25:37             25002              6210             32470              8064        1.23 Empc Correction
25:45            148111             18173            162482             20511        6.67 0.91 RQ
25:45            125111             15793            162482             20511        6.18 Empc Correction
26:12             25891              3149             29133              4104        1.18 0.89
26:25             82878             10195            101388             13367        3.96 0.82
26:57            118456             14876            150262             19296        5.77 0.79
27:12             14763              2042             17071              1829      0.6839 0.86
27:42           1320706            157141           1666473            199779        64.2 0.79
28:19             68532              8264             89405             10751        3.39 0.77
29:23              4244               493              3641               452      0.1694 1.17 RQ
29:23              2803               348              3641               452      0.1384 Empc Correction
29:59            209583             23004            268215             29556        10.3 0.78
30:40             44883              4608             59998              5147        2.25 0.75
32:47              4531               262              3245               341      0.1671 1.40 RQ
32:47              2498               262              3245               341      0.1234 Empc Correction
33:51            222755             22305            273622             27429        10.7 0.81
Signal Totals:

          2436446            289391           3074765            368328
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          5557784            660834 0.80 RQM
          5511211            657719 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:        119.406 = (5557784 * 50.000) / (2138748 * 1.088)
Empc Amount:        118.405 = (5511211 * 50.000) / (2138748 * 1.088)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Inject. Date: 17-Dec-2019 16:33:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 8

Non-2,3,7,8-sub-PeCDD, RT: 39.432

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1037285          231286
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1037285          231286

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:35              3218               595              1551               297      0.2203 2.07 RQ
37:35              2404               460              1551               297      0.1827 Empc Correction
38:27              5296              1000              3638               786      0.4127 1.46
39:07               995               270               799               230      0.0829 1.25 RQ
39:07               995               270               641               174      0.0756 Empc Correction
39:40              1226               192               591               121      0.0839 2.07 RQ
39:40               916               187               591               121      0.0696 Empc Correction
39:49              2726               567              1070               207      0.1754 2.55 RQ
39:49              1658               320              1070               207      0.1260 Empc Correction
Signal Totals:

            11269              2237              7491              1585
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            21110              4265 1.76 RQ
            18760              3822 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9752 = (21110 * 50.000) / (1037285 * 1.043)
Empc Amount:         0.8667 = (18760 * 50.000) / (1037285 * 1.043)
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Processing Flags
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Inject. Date: 17-Dec-2019 16:33:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 8

Non-2,3,7,8-sub-PeCDF, RT: 38.009

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         1653147          303237
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1675164          362023
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         1664155          332630

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:40              3654               635              2946               420      0.1725 1.24 RQ
34:40              3654               635              2357               409      0.1571 Empc Correction
37:15             32077              4925             20286              3428        1.37 1.58
37:34               700               150              1799               258      0.0653 0.39 RQ
37:34               700               150               451                96      0.0301 Empc Correction
38:40              5989              1803              3122              1103      0.2381 1.92 RQMa
38:40              4839              1709              3122              1103      0.2081 Empc Correction
39:17             22660              4365             15956              2962        1.01 1.42
40:16             13340              2783              8688              1635      0.5757 1.54
41:21              4127               814              2903               621      0.1837 1.42 M
Signal Totals:

            81397             15381             53763             10254
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           138247             25902 1.48 RQMa
           135160             25635 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.613 = (138247 * 50.000) / (1664155 * 1.150)
Empc Amount:          3.532 = (135160 * 50.000) / (1664155 * 1.150)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Page 861 of 2476



Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Inject. Date: 17-Dec-2019 16:33:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 8

Non-2,3,7,8-sub-HxCDD, RT: 44.304

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1148142          286218
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1229212          284338
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1188677          285278

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:15             59435             15600             49435             13412        3.91 1.20 M
43:50              4021               643              1928               500      0.2139 2.09 RQ
43:50              2390               620              1928               500      0.1552 Empc Correction
44:07             16411              3897             14044              3182        1.09 1.17
44:17              1933               429              2017               411      0.1420 0.96 RQ
44:17              1933               429              1558               345      0.1255 Empc Correction
Signal Totals:

            80169             20546             66965             17439
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           149224             38074 1.21 RQM
           147134             37985 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.365 = (149224 * 50.000) / (1188677 * 1.170)
Empc Amount:          5.290 = (147134 * 50.000) / (1188677 * 1.170)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Inject. Date: 17-Dec-2019 16:33:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 8

Non-2,3,7,8-sub-HxCDF, RT: 44.151

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1511260          406327
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         1981598          456969
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         1706388          415432
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1583049          324358
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         1695573          400771

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:33              2908               649              1955               569      0.1111 1.49 RQa
42:33              2424               705              1955               569      0.1001 Empc Correction
42:44             12077              3187             10174              2373      0.5085 1.19 a
43:20              6674              1721              6540              1641      0.3020 1.02 RQa
43:20              6674              1721              5382              1387      0.2755 Empc Correction
43:32              5045              1171              4858              1104      0.2263 1.04 RQMa
43:32              5045              1171              4068               944      0.2082 Empc Correction
44:32              3497               516              3388               470      0.1573 1.03 RQMa
44:32              3497               516              2820               416      0.1444 Empc Correction
45:42              5518              1371              5659              1457      0.2554 0.98 RQMa
45:42              5518              1371              4449              1105      0.2278 Empc Correction
Signal Totals:

            35235              8671             28848              6794
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            68293             16229 1.10 RQMa
            64083             15465 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.561 = (68293 * 50.000) / (1695573 * 1.290)
Empc Amount:          1.464 = (64083 * 50.000) / (1695573 * 1.290)
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QC Flag Legend

Processing Flags
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Inject. Date: 17-Dec-2019 16:33:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1114149          195804
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1114149          195804

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:25            211312             39973            209811             41075        16.9 1.01
Signal Totals:

           211312             39973            209811             41075
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           421123             81048 1.01

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         16.868 = (421123 * 50.000) / (1114149 * 1.120)
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Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Inject. Date: 17-Dec-2019 16:33:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDF, RT: 49.925

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1390850          286316
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1114964          188960
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1252907          237638

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:18              2660               529              1538               237      0.1164 1.73 RQa
48:18              1599               246              1538               237      0.0870 Empc Correction
48:35             16088              3549             15958              3281      0.8884 1.01 M
Signal Totals:

            17687              3795             17496              3518
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            36244              7596 1.07 RQMa
            35183              7313 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.005 = (36244 * 50.000) / (1252907 * 1.440)
Empc Amount:         0.9753 = (35183 * 50.000) / (1252907 * 1.440)
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
TCDD
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
)

F1:m/z     319.8965

2,3,7,8-TCDD
          30.77

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
)

F1:m/z     321.8936

2,3,7,8-TCDD
          30.77

TCDD Lock Mass
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
37Cl4-TCDD
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24.16

27.51

21.48 37Cl4-2,3,7,8-TCDD
          30.77

18.26
16.70 25.5420.08 25.84

37Cl4-TCDD Lock Mass
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
TCDF
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 18-Dec-2019 03:49:00 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.45- 33.94)
Signal: 2

Processing Integration Results
RT = 24.560 Area = 3309
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Manual Integration Results
RT = 24.560 Area = 4583 M
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Reviewer: parslyt, 18-Dec-2019 03:37:51
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 1

Processing Integration Results
RT:  40.54
Area: 4197
Amount:    0.310493
Amount Units: pg/ul
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Manual Integration Results
RT:  40.54
Area: 3911
Amount:    0.297281
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:38:40
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
)

F2:m/z     339.8597
1,2,3,7,8-PeCDF
          38.74

Non-2,3,7,8-sub-PeCDF
          37.24

Non-2,3,7,8-sub-PeCDF
          40.26

Non-2,3,7,8-sub-PeCDF
          34.66

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

12

24

36

48

60

72

84

96

Y
 ( 

X
10

0)

F2:m/z     341.8567
1,2,3,7,8-PeCDF
          38.74

Non-2,3,7,8-sub-PeCDF
          37.23

Non-2,3,7,8-sub-PeCDF
          40.24Non-2,3,7,8-sub-PeCDF

          34.62

PeCDF Standards

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F2:m/z     351.9000
13C-2,3,4,7,8-PeCDF
          39.99

39.26

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
0)

F2:m/z     353.8970
13C-2,3,4,7,8-PeCDF
          39.99

39.26

Page 880 of 2476



Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
PeCDF
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PeCDF Lock Mass
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
PeCDF
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          40.26

Non-2,3,7,8-sub-PeCDF
          34.66
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PeCDF Interference Mass
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.74
Area: 76043
Amount:    3.082689
Amount Units: pg/ul
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Manual Integration Results
RT:  38.74
Area: 70054
Amount:    2.851231
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:39:28
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.74
Area: 45223
Amount:    3.082689
Amount Units: pg/ul
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Manual Integration Results
RT:  38.74
Area: 42107
Amount:    2.851231
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:39:32
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.61- 41.41)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.61- 41.41
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Manual Integration Results
RT = 38.658 Area = 5989 M
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Reviewer: parslyt, 18-Dec-2019 03:40:11
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.61- 41.41)
Signal: 1

Processing Integration Results
RT = 41.348 Area = 4454
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Manual Integration Results
RT = 41.348 Area = 4127 M
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Reviewer: parslyt, 18-Dec-2019 03:40:11
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
HxCDD
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Non-2,3,7,8-sub-HxCDD
          44.09
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
HxCDD
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          44.09
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HxCDD Lock Mass
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8158, RT: ( 43.22- 45.38)
Signal: 1

Processing Integration Results
RT = 43.242 Area = 60138
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Manual Integration Results
RT = 43.242 Area = 59435 M
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Reviewer: parslyt, 18-Dec-2019 03:40:40
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
HxCDF
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42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F3:m/z     383.8639
13C-1,2,3,6,7,8-HxCDF
          43.90

13C-1,2,3,7,8,9-HxCDF
          45.56

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     385.8610
13C-1,2,3,6,7,8-HxCDF
          43.90

13C-1,2,3,7,8,9-HxCDF
          45.56
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
HxCDF
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F3:m/z     373.8208

1,2,3,4,7,8-HxCDF
          43.78

1,2,3,6,7,8-HxCDF
          43.90

Non-2,3,7,8-sub-HxCDF
          45.69Non-2,3,7,8-sub-HxCDF

          42.55
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          43.90

Non-2,3,7,8-sub-HxCDF
          45.69Non-2,3,7,8-sub-HxCDF

          42.55

HxCDF Lock Mass
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
HxCDF
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          43.78

1,2,3,6,7,8-HxCDF
          43.90

Non-2,3,7,8-sub-HxCDF
          45.69Non-2,3,7,8-sub-HxCDF

          42.55
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          43.90

Non-2,3,7,8-sub-HxCDF
          45.69Non-2,3,7,8-sub-HxCDF

          42.55

HxCDF Interference Mass
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  43.78
Area: 82806
Amount:    4.267429
Amount Units: pg/ul
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Manual Integration Results
RT:  43.78
Area: 77948
Amount:    4.149499
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:41:02
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  43.90
Area: 25150
Amount:    1.062795
Amount Units: pg/ul
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Manual Integration Results
RT:  43.90
Area: 23282
Amount:    0.977168
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:41:12
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  43.90
Area: 28606
Amount:    1.062795
Amount Units: pg/ul
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Manual Integration Results
RT:  43.90
Area: 26143
Amount:    0.977168
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:41:15
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
RT:  44.63
Area: 7603
Amount:    0.361701
Amount Units: pg/ul
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Manual Integration Results
RT:  44.63
Area: 3661
Amount:    0.169898
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:41:32
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 1

Processing Integration Results
RT:  44.63
Area: 8017
Amount:    0.361701
Amount Units: pg/ul
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Manual Integration Results
RT:  44.63
Area: 3676
Amount:    0.169898
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:41:41
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  45.59
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Manual Integration Results
RT:  45.57
Area: 2146
Amount:    0.104902
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:43:02
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  45.59
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Manual Integration Results
RT:  45.57
Area: 2030
Amount:    0.104902
Amount Units: pg/ul

45.1 45.3 45.5 45.7 45.9
Min

RT

1

3

5

7

9

11

13

15

Y
 ( 

X
10

0)

F3:m/z     375.8178

 4
5.

57
3

Reviewer: parslyt, 18-Dec-2019 03:43:05
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.53- 45.77)
Signal: 1

Processing Integration Results
RT = 43.529 Area = 5045
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Manual Integration Results
RT = 43.529 Area = 5045
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Reviewer: parslyt, 18-Dec-2019 03:44:58
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Assign Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.53- 45.77)
Signal: 1

Processing Integration Results
Not Detected
RT:  42.53- 45.77
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Manual Integration Results
RT = 44.525 Area = 3497 M
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Reviewer: parslyt, 18-Dec-2019 03:44:58
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Assign Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.53- 45.77)
Signal: 1

Processing Integration Results
RT = 45.691 Area = 7423

45.1 45.3 45.5 45.7 45.9 46.1 46.3
Min

0

2

4

6

8

10

12

14

16

18

20

22

24
Y

 ( 
X

10
00

)
F3:m/z     373.8208

Manual Integration Results
RT = 45.691 Area = 5518 M
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Reviewer: parslyt, 18-Dec-2019 03:44:58
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Assign Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
HpCDD
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HpCDD Lock Mass
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
HpCDF
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50.76 52.0349.02
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HpCDF Lock Mass
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  47.93
Area: 28741
Amount:    1.427178
Amount Units: pg/ul
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Manual Integration Results
RT:  47.93
Area: 27197
Amount:    1.339846
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:45:52
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  47.93
Area: 30744
Amount:    1.427178
Amount Units: pg/ul
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Manual Integration Results
RT:  47.93
Area: 28648
Amount:    1.339846
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:45:55
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  50.27
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Manual Integration Results
RT:  50.27
Area: 7067
Amount:    0.397449
Amount Units: pg/ul

49.8 50.0 50.2 50.4 50.6
Min

RT

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

0)

F4:m/z     407.7817

 5
0.

27
3

Reviewer: parslyt, 18-Dec-2019 03:46:18
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  50.27
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Manual Integration Results
RT:  50.24
Area: 5170
Amount:    0.397449
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:46:21
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:01 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7788, RT: ( 47.79- 52.06)
Signal: 2

Processing Integration Results
RT = 48.550 Area = 17152
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Manual Integration Results
RT = 48.550 Area = 15958 M
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Reviewer: parslyt, 18-Dec-2019 03:46:57
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 03:49:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 03:49:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 1

Processing Integration Results
RT:  53.84
Area: 1765197
Amount:    176.2944
Amount Units: pg/ul
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Manual Integration Results
RT:  53.84
Area: 1648167
Amount:    166.6080
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:48:01
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 2

Processing Integration Results
RT:  53.84
Area: 1934379
Amount:    176.2944
Amount Units: pg/ul
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Manual Integration Results
RT:  53.84
Area: 1848139
Amount:    166.6080
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:48:08
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 916 of 2476



Report Date: 18-Dec-2019 03:49:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 03:49:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 03:49:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36146 Sample Line#: 8
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 03:49:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  53.98
Area: 75089
Amount:    4.837068
Amount Units: pg/ul

53.6 53.8 54.0 54.2 54.4
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
)

F5:m/z     443.7399

 5
3.

97
8

Manual Integration Results
RT:  53.98
Area: 68969
Amount:    4.388229
Amount Units: pg/ul

53.6 53.8 54.0 54.2 54.4
Min

RT

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
)

F5:m/z     443.7399

 5
3.

97
8

Reviewer: parslyt, 18-Dec-2019 03:48:25
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 03:49:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-9-a.d
Injection Date: 17-Dec-2019 16:33:00 Instrument ID: D2A
Lims ID: 140-17578-A-9-A          Lab Sample ID: 140-17578-9              
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  53.98
Area: 66077
Amount:    4.837068
Amount Units: pg/ul
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Manual Integration Results
RT:  53.98
Area: 59098
Amount:    4.388229
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:48:28
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-9

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-9-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  07:30

Low1(uL)

20(uL)

% Moisture: 16.4

Sample wt/vol: 10.37(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.2 0.7051207-31-9 2,3,7,8-TCDF 270

%RECCAS NO. LIMITSQISOTOPE DILUTION

63 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 09:06:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A          
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Sample Type: Client
Inject. Date: 18-Dec-2019 07:30:00 ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-013
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:06:39

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:42     833093 0.81   1.2213        28.8        28.8   0.7575   0.7575
  2,3,7,8-TCDF 22:12    4835869 0.80   1.1100       118.6       118.6   0.3033   0.3033
D 13C-2,3,7,8-TCDD 19:40    1182709 0.74   1.0031        32.6        32.6   0.6924   0.6924  65.10
D 13C-2,3,7,8-TCDF 22:11    1836543 0.82   1.6193        31.3        31.3   0.2143   0.2143  62.62
$ 37Cl4-2,3,7,8-TCDD 19:42     302171   1.1834       7.050       7.050   0.1053   0.1053  70.50

* 13C-1,2,3,4-TCDD 20:07    3622144 0.79  1.6E+05       100.0       100.0
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Report Date: 18-Dec-2019 09:06:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-9-a.d
Lims ID: 140-17578-A-9-A          
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Sample Type: Client
Inject. Date: 18-Dec-2019 07:30:00 ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-013
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:06:39

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:42 19:44   -1  1.002     371706      59124    199    497    297
321.8936 19:42 19:44   -1  1.002     461387      73856   1204   3010     61  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:12 22:14   -3  1.001    2156213     280900    352    880    798
305.8987 22:12 22:14   -3  1.001    2679656     352138    303    757   1162  0.80(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:40 19:41   -2  0.977     504791      81640    842   2105     97
333.9338 19:40 19:41   -2  0.977     677918     107885    707   1767    153  0.74(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:11 22:14   -2  1.103     824772     108326    367    917    295
317.9389 22:11 22:14   -2  1.103    1011771     134751    407   1017    331  0.82(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:42 19:42   -1  0.979     302171      46673    278    695    168

13C-1,2,3,4-TCDD
331.9368 20:07 20:09   -2    1595276     240423    842   2105    286
333.9338 20:07 20:09   -2    2026868     317087    707   1767    448  0.79(0.65-0.89)
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Report Date: 18-Dec-2019 09:06:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-9-a.d
Injection Date: 18-Dec-2019 07:30:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36167 Sample Line#: 13
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 09:06:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-9-a.d
Injection Date: 18-Dec-2019 07:30:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36167 Sample Line#: 13
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Lock Mass
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Report Date: 18-Dec-2019 09:06:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-9-a.d
Injection Date: 18-Dec-2019 07:30:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(0-1)
Worklist#: 36167 Sample Line#: 13
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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15.01
11.29
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-10

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-10-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  17:34

Low1(uL)

20(uL)

% Moisture: 10.4

Sample wt/vol: 10.19(g)

N

Analysis Batch No.: 36146 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.1 0.131746-01-6 2,3,7,8-TCDD 83

1.1 0.13B q41903-57-5 Total TCDD 94

5.5 0.036J40321-76-4 1,2,3,7,8-PeCDD 0.70

5.5 0.036J q36088-22-9 Total PeCDD 2.2

5.5 0.026J39227-28-6 1,2,3,4,7,8-HxCDD 0.20

5.5 0.025J57653-85-7 1,2,3,6,7,8-HxCDD 0.24

5.5 0.024J19408-74-3 1,2,3,7,8,9-HxCDD 0.72

5.5 0.025B q34465-46-8 Total HxCDD 11

5.5 0.10B35822-46-9 1,2,3,4,6,7,8-HpCDD 9.9

5.5 0.10B37871-00-4 Total HpCDD 38

11 0.028B3268-87-9 OCDD 210

1.1 0.10B q30402-14-3 Total TCDF 650

5.5 0.04157117-41-6 1,2,3,7,8-PeCDF 6.2

5.5 0.038J57117-31-4 2,3,4,7,8-PeCDF 5.1

5.5 0.040q30402-15-4 Total PeCDF 20

5.5 0.05370648-26-9 1,2,3,4,7,8-HxCDF 9.2

5.5 0.049J57117-44-9 1,2,3,6,7,8-HxCDF 2.4

5.5 0.055J q60851-34-5 2,3,4,6,7,8-HxCDF 0.32

5.5 0.071J q72918-21-9 1,2,3,7,8,9-HxCDF 0.17

5.5 0.057I q55684-94-1 Total HxCDF 15

5.5 0.041J B67562-39-4 1,2,3,4,6,7,8-HpCDF 2.7

5.5 0.064J B55673-89-7 1,2,3,4,7,8,9-HpCDF 1.0

5.5 0.052J B38998-75-3 Total HpCDF 5.3

11 0.046J B39001-02-0 OCDF 4.8

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-10

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-10-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  17:34

Low1(uL)

20(uL)

% Moisture: 10.4

Sample wt/vol: 10.19(g)

N

Analysis Batch No.: 36146 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

65 25-16476523-40-5 13C-2,3,7,8-TCDD

63 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

61 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

66 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

66 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

61 17-157114423-97-1 13C-OCDD

65 24-16989059-46-1 13C-2,3,7,8-TCDF

64 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

65 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

66 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

66 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

65 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

65 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

65 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

62 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

63 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

72 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A         
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Sample Type: Client
Inject. Date: 17-Dec-2019 17:34:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-009
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 04:10:05 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 04:10:04

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:46    1272860 0.81   1.1733        37.8        37.8   0.0582   0.0582
A Non-2,3,7,8-sub-TCDD 29:29     174445 0.77   1.1733       5.359       5.182   0.0582    3.634  RQ
S Total TCDD        43.2        43.0   0.0582   0.0582  RQ

  2,3,7,8-TCDF 28:47    8347834 0.80   1.0881       163.1       163.1   0.0466   0.0466
A Non-2,3,7,8-sub-TCDF 28:12    6840043 0.77   1.0881       133.6       133.6   0.0466     71.8  RQM
S Total TCDF       296.7       296.7   0.0466   0.0466  RQ

  1,2,3,7,8-PeCDD 40:33       7617 1.36   1.0434      0.3191      0.3191   0.0165   0.0165  M
A Non-2,3,7,8-sub-PeCDD 39:26      16778 1.55   1.0434       7.702      0.7028   0.0165   0.3032  RQMa
S Total PeCDD       8.021       1.022   0.0165   0.0165  RQ

  1,2,3,7,8-PeCDF 38:44     123599 1.61   1.1898       2.843       2.843   0.0187   0.0187  M
  2,3,4,7,8-PeCDF 40:00      95552 1.43   1.1095       2.318       2.318   0.0175   0.0175
A Non-2,3,7,8-sub-PeCDF 38:01     158805 1.55   1.1496       3.885       3.749   0.0180    1.438  RQMa
S Total PeCDF       9.046       8.910   0.0181   0.0181  RQ

  1,2,3,4,7,8-HxCDD 44:48       2417 1.10   1.1409      0.0918      0.0918   0.0117   0.0117
  1,2,3,6,7,8-HxCDD 44:55       3260 1.16   1.1481      0.1086      0.1086   0.0116   0.0116  a
  1,2,3,7,8,9-HxCDD 45:19       9839 1.30   1.2212      0.3273      0.3273   0.0109   0.0109
A Non-2,3,7,8-sub-HxCDD 44:19     131115 1.24   1.1700       4.567       4.552   0.0113    3.300  RQMa
S Total HxCDD       5.095       5.080   0.0114   0.0114  RQ

  1,2,3,4,7,8-HxCDF 43:47     194720 1.18   1.3629       4.200       4.200   0.0240   0.0240  M
  1,2,3,6,7,8-HxCDF 43:55      58023 1.38   1.2762       1.089       1.089   0.0225   0.0225  M
  2,3,4,6,7,8-HxCDF 44:38       6924 1.24   1.2654      0.1644      0.1476   0.0251   0.0251  RQM
  1,2,3,7,8,9-HxCDF 45:35       3309 1.24   1.2573      0.0875      0.0777   0.0326   0.0326  RQM
A Non-2,3,7,8-sub-HxCDF 44:10      61177 1.24   1.2905       1.406       1.293   0.0256   0.4178  RQM
S Total HxCDF       6.947       6.807   0.0261   0.0261  RQ

  1,2,3,4,6,7,8-HpCDD 49:36     117515 1.03   1.1204       4.522       4.522   0.0456   0.0456
A Non-2,3,7,8-sub-HpCDD 49:03     333533 1.03   1.1204        12.8        12.8   0.0456     12.8
S Total HpCDD        17.4        17.4   0.0456   0.0456

  1,2,3,4,6,7,8-HpCDF 47:56      55157 1.01   1.4984       1.245       1.245   0.0186   0.0186
  1,2,3,4,7,8,9-HpCDF 50:14      15314 0.93   1.3807      0.4626      0.4626   0.0291   0.0291
A Non-2,3,7,8-sub-HpCDF 49:56      27791 1.02   1.4395      0.7213      0.7213   0.0228   0.7213  Ma
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       2.429       2.429   0.0238   0.0238

  OCDD 53:51    2127565 0.91   1.2073        94.8        94.8   0.0126   0.0126  M
  OCDF 53:59      70031 0.86   1.1162       2.170       2.170   0.0208   0.0208  M
D 13C-2,3,7,8-TCDD 30:43    1434576 0.78   1.0709        32.4        32.4   0.2376   0.2376  64.77
D 13C-2,3,7,8-TCDF 28:45    2352021 0.79   1.7545        32.4        32.4   0.4066   0.4066  64.82
D 13C-1,2,3,7,8-PeCDD 40:31    1143979 1.60   0.8743        31.6        31.6   0.3077   0.3077  63.26
D 13C-1,2,3,7,8-PeCDF 38:43    1827186 1.64   1.3704        32.2        32.2   0.2184   0.2184  64.47
D 13C-2,3,4,7,8-PeCDF 39:59    1857648 1.52   1.3837        32.5        32.5   0.2163   0.2163  64.91
D 13C-1,2,3,4,7,8-HxCDD 44:47    1154443 1.36   0.8772        30.4        30.4   0.1089   0.1089  60.83  M
D 13C-1,2,3,6,7,8-HxCDD 44:54    1307305 1.29   0.9171        32.9        32.9   0.1042   0.1042  65.89  Ma
D 13C-1,2,3,4,7,8-HxCDF 43:46    1700760 0.52   1.1892        33.1        33.1   0.2280   0.2280  66.11
D 13C-1,2,3,6,7,8-HxCDF 43:54    2087833 0.54   1.4625        33.0        33.0   0.1854   0.1854  65.99
D 13C-2,3,4,6,7,8-HxCDF 44:37    1853498 0.51   1.3197        32.5        32.5   0.2055   0.2055  64.92
D 13C-1,2,3,7,8,9-HxCDF 45:33    1692521 0.54   1.2001        32.6        32.6   0.2259   0.2259  65.19
D 13C-1,2,3,4,6,7,8-HpCDD 49:34    1159741 1.07   0.8155        32.9        32.9   0.2357   0.2357  65.74
D 13C-1,2,3,4,6,7,8-HpCDF 47:55    1477871 0.45   1.0496        32.5        32.5   0.1997   0.1997  65.08
D 13C-1,2,3,4,7,8,9-HpCDF 50:14    1198784 0.46   0.8947        31.0        31.0   0.2343   0.2343  61.93
D 13C-OCDD 53:50    1858992 0.90   0.7044        61.0        61.0   0.2671   0.2671  61.00
D 13C-OCDF 53:58    2891545 0.89   1.0615        63.0        63.0   0.1796   0.1796  62.96
$ 37Cl4-2,3,7,8-TCDD 30:46     364723   1.2266       7.189       7.189   0.1131   0.1131  71.89

* 13C-1,2,3,4-TCDD 30:14    4136390 0.80  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:18    4326663 1.26    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A         
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Sample Type: Client
Inject. Date: 17-Dec-2019 17:34:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-009
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 04:10:05 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 04:10:04

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:46 30:51   -4  1.002     570100      58664     52    130   1128
321.8936 30:47 30:51   -3  1.002     702760      73256     29     72   2526  0.81(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQ

319.8965 24:53 29:29 -275  0.810       1531        209     52    130      4
321.8936 24:51 29:29 -277  0.809       2321        300     29     72     10  0.66(0.65-0.89)

319.8965 25:36 29:29 -232  0.833       1377        255     52    130      5
Empc Correction        960        137     52    130      3

321.8936 25:34 29:29 -234  0.832       1247        179     29     72      6  1.10(0.65-0.89)

319.8965 27:44 29:29 -104  0.903       9421       1092     52    130     21
321.8936 27:44 29:29 -104  0.903      10988       1244     29     72     43  0.86(0.65-0.89)

319.8965 28:41 29:29  -47  0.934       1678        254     52    130      5
321.8936 28:41 29:29  -47  0.934       3151        393     29     72     14  0.53(0.65-0.89)

Empc Correction       2179        329     29     72     11

319.8965 30:11 29:29   42  0.982       1686        219     52    130      4
321.8936 30:13 29:29   44  0.984       2247        280     29     72     10  0.75(0.65-0.89)

319.8965 30:31 29:29   62  0.993       4993       1071     52    130     21
321.8936 30:31 29:29   62  0.993       9879       1497     29     72     52  0.51(0.65-0.89)

Empc Correction       6484       1390     29     72     48

319.8965 31:51 29:29  142  1.037      53262       5560     52    130    107
321.8936 31:54 29:29  145  1.038      69068       6656     29     72    230  0.77(0.65-0.89)

319.8965 32:40 29:29  192  1.064       2751        263     52    130      5
Empc Correction       1586        150     52    130      3

321.8936 32:41 29:29  193  1.064       2061        196     29     72      7  1.33(0.65-0.89)

319.8965 33:55 29:29  266  1.104       1134        148     52    130      3
321.8936 33:59 29:29  270  1.106       1599        202     29     72      7  0.71(0.65-0.89)
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDF
303.9016 28:47 28:49   -4  1.001    3697463     391667     66    165   5934
305.8987 28:47 28:49   -4  1.001    4650371     489684     43    107  11388  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 23:19 28:12 -293  0.811       4394        692     66    165     10
Empc Correction       3558        589     66    165      9

305.8987 23:21 28:12 -291  0.812       4622        766     43    107     18  0.95(0.65-0.89)

303.9016 24:19 28:12 -232  0.846      27965       3648     66    165     55
305.8987 24:18 28:12 -233  0.845      42823       5197     43    107    121  0.65(0.65-0.89)

303.9016 25:02 28:12 -190  0.871     166752      21510     66    165    326
305.8987 25:03 28:12 -189  0.871     208934      25756     43    107    599  0.80(0.65-0.89)

303.9016 25:45 28:12 -147  0.896     219692      22661     66    165    343 M
305.8987 25:45 28:12 -147  0.896     273251      26823     43    107    624  0.80(0.65-0.89)

303.9016 26:14 28:12 -119  0.912      30320       3582     66    165     54
305.8987 26:12 28:12 -120  0.912      39946       5719     43    107    133  0.76(0.65-0.89)

303.9016 26:25 28:12 -107  0.919      98741      13196     66    165    200
305.8987 26:25 28:12 -107  0.919     127671      15390     43    107    358  0.77(0.65-0.89)

303.9016 26:57 28:12  -75  0.937     148263      17936     66    165    272
305.8987 26:56 28:12  -76  0.937     188159      23465     43    107    546  0.79(0.65-0.89)

303.9016 27:14 28:12  -58  0.947      15799       1791     66    165     27
305.8987 27:11 28:12  -61  0.946      20349       2717     43    107     63  0.78(0.65-0.89)

303.9016 27:41 28:12  -31  0.963    1627719     194873     66    165   2953 M
305.8987 27:41 28:12  -31  0.963    2046931     241062     43    107   5606  0.80(0.65-0.89)

303.9016 28:19 28:12    6  0.985      85449       9879     66    165    150
305.8987 28:19 28:12    6  0.985     108244      12603     43    107    293  0.79(0.65-0.89)

303.9016 30:00 28:12  107  1.043     269892      29243     66    165    443
305.8987 30:00 28:12  107  1.043     332292      34990     43    107    814  0.81(0.65-0.89)

303.9016 30:40 28:12  148  1.067      56625       5477     66    165     83
305.8987 30:38 28:12  146  1.066      70348       6399     43    107    149  0.80(0.65-0.89)

303.9016 33:50 28:12  337  1.177     274263      28148     66    165    426
305.8987 33:50 28:12  337  1.177     351435      35662     43    107    829  0.78(0.65-0.89)

1,2,3,7,8-PeCDD M
355.8546 40:33 40:33   -2  1.001       4387        877     25     62     35 M
357.8516 40:33 40:33   -2  1.001       3230        730      8     20     91  1.36(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQMa

355.8546 37:35 39:26 -111  0.928       2823        455     25     62     18
357.8516 37:44 39:26 -102  0.931     166815      29247      8     20   3656  0.02(1.32-1.78)

Empc Correction       1821        293      8     20     37

355.8546 38:26 39:26  -60  0.948       5625       1192     25     62     48
Empc Correction       4400        767     25     62     31

357.8516 38:26 39:26  -60  0.948       2839        495      8     20     62  1.98(1.32-1.78)

355.8546 39:49 39:26   22  0.983       2516        390     25     62     16
357.8516 39:49 39:26   22  0.983       2058        480      8     20     60  1.22(1.32-1.78)

Empc Correction       1623        251      8     20     31
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

355.8546 41:13 39:26  107  1.017        460        144     25     62      6 a
357.8516 41:14 39:26  108  1.018        729        101      8     20     13  0.63(1.32-1.78) M

Empc Correction        296         92      8     20     12

1,2,3,7,8-PeCDF M
339.8597 38:44 38:44   -3  1.000      76181      14876     26     65    572 M
341.8567 38:44 38:44   -3  1.000      47418       8412     37     92    227  1.61(1.32-1.78) M

2,3,4,7,8-PeCDF
339.8597 40:00 40:01   -3  1.000      56255      12431     26     65    478
341.8567 40:00 40:01   -3  1.000      39297       8683     37     92    235  1.43(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 34:40 38:01 -200  0.895       3202        416     26     65     16
341.8567 34:40 38:01 -200  0.895       2111        320     37     92      9  1.52(1.32-1.78)

339.8597 37:14 38:01  -47  0.962      36097       5948     26     65    229
341.8567 37:14 38:01  -47  0.962      24827       3765     37     92    102  1.45(1.32-1.78)

339.8597 37:32 38:01  -29  0.969       1355        220     26     65      8
Empc Correction       1173        280     26     65     11

341.8567 37:32 38:01  -29  0.969        757        181     37     92      5  1.79(1.32-1.78)

339.8597 38:14 38:01   13  0.988       4903        571     26     65     22
341.8567 38:12 38:01   11  0.987       3249        507     37     92     14  1.51(1.32-1.78)

339.8597 38:40 38:01   39  0.999       7080       2058     26     65     79 M
Empc Correction       5945       1546     26     65     59

341.8567 38:37 38:01   36  0.997       3836        998     37     92     27  1.85(1.32-1.78)

339.8597 38:51 38:01   49  1.003       2068        506     26     65     19 M
Empc Correction       1319        375     26     65     14

341.8567 38:54 38:01   53  1.004        851        242     37     92      7  2.43(1.32-1.78)

339.8597 39:17 38:01   75  1.014      24932       5164     26     65    199
341.8567 39:17 38:01   75  1.014      16769       3021     37     92     82  1.49(1.32-1.78)

339.8597 40:15 38:01  134  1.040      13638       2938     26     65    113
341.8567 40:15 38:01  134  1.040      11526       1920     37     92     52  1.18(1.32-1.78)

Empc Correction       8798       1895     37     92     51

339.8597 41:21 38:01  199  1.068       3889        572     26     65     22 M
341.8567 41:20 38:01  198  1.067       3480        544     37     92     15  1.12(1.32-1.78) M

Empc Correction       2509        369     37     92     10

1,2,3,4,7,8-HxCDD
389.8158 44:48 44:49   -2  1.000       1267        252     24     60     11
391.8127 44:48 44:49   -2  1.000       1150        276      9     22     31  1.10(1.05-1.43)

1,2,3,6,7,8-HxCDD a
389.8158 44:55 44:55   -2  1.000       1749        446     24     60     19 a
391.8127 44:55 44:55   -2  1.000       1511        421      9     22     47  1.16(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:19 45:18   -2  1.012       5564        908     24     60     38
391.8127 45:18 45:18   -3  1.011       4275        899      9     22    100  1.30(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQMa

389.8158 43:15 44:19  -63  0.963      53075      13599     24     60    567 M
391.8127 43:14 44:19  -64  0.963      41969      10208      9     22   1134  1.26(1.05-1.43)

Page 934 of 2476



Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

389.8158 43:50 44:19  -29  0.976       3185        547     24     60     23 a
391.8127 43:49 44:19  -30  0.976       2317        372      9     22     41  1.37(1.05-1.43)

389.8158 44:06 44:19  -13  0.982      14698       3632     24     60    151 a
391.8127 44:06 44:19  -13  0.982      11084       2782      9     22    309  1.33(1.05-1.43)

389.8158 44:16 44:19   -3  0.986       2650        484     24     60     20 a
391.8127 44:16 44:19   -3  0.986       2565        505      9     22     56  1.03(1.05-1.43)

Empc Correction       2137        390      9     22     43

1,2,3,4,7,8-HxCDF M
373.8208 43:47 43:47   -3  1.000     105278      27201     50    125    544
375.8178 43:47 43:47   -3  1.000      89442      22363     67    167    334  1.18(1.05-1.43) M

1,2,3,6,7,8-HxCDF M
373.8208 43:55 43:55   -2  1.000      33596       7479     50    125    150 M
375.8178 43:55 43:55   -2  1.000      24427       6245     67    167     93  1.38(1.05-1.43) M

2,3,4,6,7,8-HxCDF RQM
373.8208 44:38 44:38   -2  1.000       3833       1041     50    125     21
375.8178 44:38 44:38   -2  1.000       3878        904     67    167     13  0.99(1.05-1.43) M

Empc Correction       3091        839     67    167     13

1,2,3,7,8,9-HxCDF RQM
373.8208 45:35 45:35   -1  1.001       1832        414     50    125      8 M
375.8178 45:35 45:35   -1  1.001       1894        511     67    167      8  0.97(1.05-1.43) M

Empc Correction       1477        333     67    167      5

A Non-2,3,7,8-sub-HxCDF RQM

373.8208 42:34 44:10  -96  0.970       2613        771     50    125     15
375.8178 42:33 44:10  -97  0.969       2679        566     67    167      8  0.98(1.05-1.43)

Empc Correction       2107        621     67    167      9

373.8208 42:44 44:10  -86  0.973      10946       2646     50    125     53
375.8178 42:44 44:10  -86  0.973      12673       2822     67    167     42  0.86(1.05-1.43)

Empc Correction       8827       2133     67    167     32

373.8208 43:20 44:10  -49  0.987       7021       1911     50    125     38
375.8178 43:19 44:10  -50  0.987       5255       1571     67    167     23  1.34(1.05-1.43) M

373.8208 43:31 44:10  -38  0.992       3054        996     50    125     20 M
375.8178 43:31 44:10  -38  0.992       3390        793     67    167     12  0.90(1.05-1.43) M

Empc Correction       2462        803     67    167     12

373.8208 44:31 44:10   22  1.014       3176        701     50    125     14 M
375.8178 44:31 44:10   22  1.014       2701        456     67    167      7  1.18(1.05-1.43) M

373.8208 45:42 44:10   92  1.041       6996       1541     50    125     31
375.8178 45:42 44:10   92  1.041       6019       1176     67    167     18  1.16(1.05-1.43)

1,2,3,4,6,7,8-HpCDD
423.7767 49:36 49:35   -2  1.001      59501      10295     37     92    278
425.7737 49:35 49:35   -3  1.000      58014      10061     48    120    210  1.03(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 48:25 49:03  -37  0.977     169181      32982     37     92    891
425.7737 48:25 49:03  -37  0.977     164352      30586     48    120    637  1.03(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 47:56 47:56   -2  1.000      27754       5772     47    117    123
409.7788 47:56 47:56   -2  1.000      27403       5573     21     52    265  1.01(0.88-1.20)
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8,9-HpCDF
407.7817 50:14 50:15   -3  1.000       7377       1282     47    117     27
409.7788 50:15 50:15   -2  1.000       7937       1483     21     52     71  0.93(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF Ma

407.7817 48:35 49:56  -81  1.014      14039       2739     47    117     58 M
409.7788 48:34 49:56  -82  1.013      13752       2788     21     52    133  1.02(0.88-1.20)

OCDD M
457.7377 53:51 53:51   -2  1.000    1012232     236067     13     32  18159 M
459.7348 53:51 53:51   -2  1.000    1115333     260985     11     27  23726  0.91(0.76-1.02) M

OCDF M
441.7428 53:59 53:59   -2  1.000      32411       8101     18     45    450 M
443.7399 53:59 53:59   -2  1.000      37620       9648     43    107    224  0.86(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:43 30:47   -5  1.016     630879      62448    286    715    218
333.9338 30:44 30:47   -4  1.017     803697      85555    169    422    506  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:45 28:48   -4  0.951    1035792     118578    531   1327    223
317.9389 28:45 28:48   -4  0.951    1316229     149439    744   1860    201  0.79(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:31 40:33   -3  1.340     703352     147466    270    675    546
369.8919 40:32 40:33   -2  1.341     440627      90671    211    527    430  1.60(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:43 38:45   -3  1.281    1136370     218575    359    897    609
353.8970 38:43 38:45   -3  1.281     690816     134917    176    440    767  1.64(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 39:59 40:01   -3  1.323    1121914     242653    359    897    676
353.8970 39:59 40:01   -3  1.323     735734     161030    176    440    915  1.52(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD M
401.8559 44:47 44:47   -2  0.989     665814     173837    232    580    749 M
403.8529 44:47 44:47   -2  0.989     488629     134623    124    310   1086  1.36(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD Ma
401.8559 44:54 44:54   -2  0.991     736724     173507    232    580    748 M
403.8529 44:54 44:54   -2  0.991     570581     135593    124    310   1093  1.29(1.05-1.43) M

13C-1,2,3,4,7,8-HxCDF
383.8639 43:46 43:46   -2  0.966     583247     157020    345    862    455
385.8610 43:46 43:46   -2  0.966    1117513     288615    665   1662    434  0.52(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:54 43:54   -2  0.969     734257     179018    345    862    519
385.8610 43:54 43:54   -2  0.969    1353576     328850    665   1662    495  0.54(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:37 44:37   -2  0.985     626044     157210    345    862    456
385.8610 44:37 44:37   -2  0.985    1227454     301561    665   1662    453  0.51(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:33 45:33   -2  1.006     591178     123564    345    862    358
385.8610 45:33 45:33   -2  1.006    1101343     232595    665   1662    350  0.54(0.43-0.59)
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:34 49:35   -3  1.094     599177     103268    316    790    327
437.8140 49:34 49:35   -3  1.094     560564     104020    400   1000    260  1.07(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:55 47:55   -2  1.058     459177      95535    310    775    308
419.8220 47:55 47:55   -2  1.058    1018694     210133    471   1177    446  0.45(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:14 50:14   -2  1.109     379567      69730    310    775    225
419.8220 50:14 50:14   -2  1.109     819217     141634    471   1177    301  0.46(0.37-0.51)

13C-OCDD
469.7780 53:50 53:50   -2  1.188     879367     187603    376    940    499
471.7750 53:50 53:50   -2  1.188     979625     206770    325    812    636  0.90(0.76-1.02)

13C-OCDF
453.7830 53:58 53:58   -2  1.192    1364253     314915    250    625   1260
455.7801 53:58 53:58   -2  1.192    1527292     339253    460   1150    738  0.89(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:46 30:49   -4  1.018     364723      38928    248    620    157

13C-1,2,3,4-TCDD
331.9368 30:14 30:17   -4    1840305     198937    286    715    696
333.9338 30:13 30:17   -5    2296085     247834    169    422   1466  0.80(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:18 45:20   -2    2408693     512435    232    580   2209
403.8529 45:18 45:20   -2    1917970     418835    124    310   3378  1.26(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Inject. Date: 17-Dec-2019 17:34:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDD, RT: 29.467

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1434576          148003
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1434576          148003

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:53              1531               209              2321               300      0.1144 0.66
25:36              1377               255              1247               179      0.0779 1.10 RQ
25:36               960               137              1247               179      0.0656 Empc Correction
27:44              9421              1092             10988              1244      0.6063 0.86
28:41              1678               254              3151               393      0.1434 0.53 RQ
28:41              1678               254              2179               329      0.1146 Empc Correction
30:11              1686               219              2247               280      0.1168 0.75
30:31              4993              1071              9879              1497      0.4418 0.51 RQ
30:31              4993              1071              6484              1390      0.3409 Empc Correction
31:51             53262              5560             69068              6656        3.63 0.77
32:40              2751               263              2061               196      0.1429 1.33 RQ
32:40              1586               150              2061               196      0.1083 Empc Correction
33:55              1134               148              1599               202      0.0812 0.71
Signal Totals:

            76251              8840             98194             10776
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           180394             20018 0.76 RQ
           174445             19616 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.359 = (180394 * 50.000) / (1434576 * 1.173)
Empc Amount:          5.182 = (174445 * 50.000) / (1434576 * 1.173)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Inject. Date: 17-Dec-2019 17:34:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDF, RT: 28.196

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2352021          268017
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2352021          268017

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:19              4394               692              4622               766      0.1761 0.95 RQ
23:19              3558               589              4622               766      0.1598 Empc Correction
24:19             27965              3648             42823              5197        1.38 0.65
25:02            166752             21510            208934             25756        7.34 0.80
25:45            219692             22661            273251             26823        9.63 0.80 M
26:14             30320              3582             39946              5719        1.37 0.76
26:25             98741             13196            127671             15390        4.42 0.77
26:57            148263             17936            188159             23465        6.57 0.79
27:14             15799              1791             20349              2717      0.7062 0.78
27:41           1627719            194873           2046931            241062        71.8 0.80 M
28:19             85449              9879            108244             12603        3.78 0.79
30:00            269892             29243            332292             34990        11.8 0.81
30:40             56625              5477             70348              6399        2.48 0.80
33:50            274263             28148            351435             35662        12.2 0.78
Signal Totals:

          3025038            352533           3815005            436549
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          6840879            789185 0.79 RQM
          6840043            789082 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:        133.645 = (6840879 * 50.000) / (2352021 * 1.088)
Empc Amount:        133.629 = (6840043 * 50.000) / (2352021 * 1.088)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Inject. Date: 17-Dec-2019 17:34:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 9

Non-2,3,7,8-sub-PeCDD, RT: 39.432

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1143979          238137
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1143979          238137

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:35              2823               455            166815             29247        7.11 0.02 RQ
37:35              2823               455              1821               293      0.1945 Empc Correction
38:26              5625              1192              2839               495      0.3545 1.98 RQ
38:26              4400               767              2839               495      0.3032 Empc Correction
39:49              2516               390              2058               480      0.1916 1.22 RQ
39:49              2516               390              1623               251      0.1734 Empc Correction
41:13               460               144               729               101      0.0498 0.63 RQM
41:13               460               144               296                92      0.0317 Empc Correction
Signal Totals:

            10199              1756              6579              1131
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           183865             32504 0.07 RQM
            16778              2887 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          7.702 = (183865 * 50.000) / (1143979 * 1.043)
Empc Amount:         0.7028 = (16778 * 50.000) / (1143979 * 1.043)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Inject. Date: 17-Dec-2019 17:34:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 9

Non-2,3,7,8-sub-PeCDF, RT: 38.009

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         1827186          353492
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1857648          403683
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         1842417          378587

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:40              3202               416              2111               320      0.1254 1.52
37:14             36097              5948             24827              3765        1.44 1.45
37:32              1355               220               757               181      0.0499 1.79 RQ
37:32              1173               280               757               181      0.0456 Empc Correction
38:14              4903               571              3249               507      0.1924 1.51
38:40              7080              2058              3836               998      0.2577 1.85 RQMa
38:40              5945              1546              3836               998      0.2309 Empc Correction
38:51              2068               506               851               242      0.0689 2.43 RQMa
38:51              1319               375               851               242      0.0512 Empc Correction
39:17             24932              5164             16769              3021      0.9844 1.49
40:15             13638              2938             11526              1920      0.5940 1.18 RQ
40:15             13638              2938              8798              1895      0.5296 Empc Correction
41:21              3889               572              3480               544      0.1740 1.12 RQM
41:21              3889               572              2509               369      0.1510 Empc Correction
Signal Totals:

            95098             17810             63707             11298
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           164570             29891 1.44 RQMa
           158805             29108 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.885 = (164570 * 50.000) / (1842417 * 1.150)
Empc Amount:          3.749 = (158805 * 50.000) / (1842417 * 1.150)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Inject. Date: 17-Dec-2019 17:34:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDD, RT: 44.304

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1154443          308460
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1307305          309100
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1230874          308780

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:15             53075             13599             41969             10208        3.30 1.26 M
43:50              3185               547              2317               372      0.1910 1.37 a
44:06             14698              3632             11084              2782      0.8951 1.33 a
44:16              2650               484              2565               505      0.1811 1.03 RQa
44:16              2650               484              2137               390      0.1662 Empc Correction
Signal Totals:

            73608             18262             57507             13752
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           131543             32129 1.27 RQMa
           131115             32014 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.567 = (131543 * 50.000) / (1230874 * 1.170)
Empc Amount:          4.552 = (131115 * 50.000) / (1230874 * 1.170)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Inject. Date: 17-Dec-2019 17:34:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDF, RT: 44.151

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1700760          445635
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         2087833          507868
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         1853498          458771
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1692521          356159
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         1833653          442108

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:34              2613               771              2679               566      0.1118 0.98 RQ
42:34              2613               771              2107               621      0.0997 Empc Correction
42:44             10946              2646             12673              2822      0.4991 0.86 RQ
42:44             10946              2646              8827              2133      0.4178 Empc Correction
43:20              7021              1911              5255              1571      0.2594 1.34 M
43:31              3054               996              3390               793      0.1362 0.90 RQM
43:31              3054               996              2462               803      0.1166 Empc Correction
44:31              3176               701              2701               456      0.1242 1.18 M
45:42              6996              1541              6019              1176      0.2750 1.16
Signal Totals:

            33806              8566             27371              6760
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            66523             15950 1.03 RQM
            61177             15326 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.406 = (66523 * 50.000) / (1833653 * 1.290)
Empc Amount:          1.293 = (61177 * 50.000) / (1833653 * 1.290)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Inject. Date: 17-Dec-2019 17:34:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1159741          207288
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1159741          207288

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:25            169181             32982            164352             30586        12.8 1.03
Signal Totals:

           169181             32982            164352             30586
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           333533             63568 1.03

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         12.834 = (333533 * 50.000) / (1159741 * 1.120)

Page 950 of 2476



Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Inject. Date: 17-Dec-2019 17:34:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDF, RT: 49.925

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1477871          305668
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1198784          211364
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1338327          258516

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:35             14039              2739             13752              2788      0.7213 1.02 Ma
Signal Totals:

            14039              2739             13752              2788
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            27791              5527 1.02 Ma

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7213 = (27791 * 50.000) / (1338327 * 1.440)

QC Flag Legend

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
TCDD
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TCDD Standards
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          30.22
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          30.71
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13C-1,2,3,4-TCDD
          30.21

13C-2,3,7,8-TCDD
          30.73

31.35
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
TCDD
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          30.76

Non-2,3,7,8-sub-TCDD
          31.84
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TCDD Lock Mass
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
37Cl4-TCDD
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21.47 37Cl4-2,3,7,8-TCDD

          30.7618.27
16.70 20.53 25.5125.8122.63

37Cl4-TCDD Standards
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13C-1,2,3,4-TCDD
          30.21

13C-2,3,7,8-TCDD
          30.73

31.35
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
37Cl4-TCDD
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24.16
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          30.76
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16.70 20.53 25.5125.8122.63

37Cl4-TCDD Lock Mass
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
TCDF
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TCDF Standards
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Report Date: 18-Dec-2019 04:10:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
TCDF
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          28.78

TCDF Lock Mass
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
TCDF
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          28.78
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2,3,7,8-TCDF
          28.78

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

2

6

10

14

18

22

26

30

34

38

Y
 ( 

X
10

)

F1:m/z     375.8364
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.45- 33.94)
Signal: 1

Processing Integration Results
RT = 25.745 Area = 184693
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Manual Integration Results
RT = 25.745 Area = 219692 M
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Reviewer: parslyt, 18-Dec-2019 03:57:43
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.45- 33.94)
Signal: 1

Processing Integration Results
RT = 27.681 Area = 1622142

26.9 27.1 27.3 27.5 27.7 27.9 28.1 28.3 28.5
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

Manual Integration Results
RT = 27.681 Area = 1627719 M
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Reviewer: parslyt, 18-Dec-2019 03:57:43
Audit Action: Manually Integrated Audit Reason: Incomplete Integration

Page 960 of 2476



Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 1

Processing Integration Results
RT:  40.54
Area: 4758
Amount:    0.334608
Amount Units: pg/ul
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Manual Integration Results
RT:  40.54
Area: 4387
Amount:    0.319067
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 03:58:31
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDD, Signal: 2,   m/z: 357.8516, RT: ( 37.57- 41.29)
Signal: 2

Processing Integration Results
Not Detected
RT:  37.57- 41.29
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Manual Integration Results
RT = 41.233 Area = 729 M
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Reviewer: parslyt, 18-Dec-2019 03:59:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
PeCDF
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          40.25
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Page 965 of 2476



Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
PeCDF
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1,2,3,7,8-PeCDF
          38.73

Non-2,3,7,8-sub-PeCDF
          37.23

Non-2,3,7,8-sub-PeCDF
          40.25

Non-2,3,7,8-sub-PeCDF
          34.66

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
)

F2:m/z     341.8567

2,3,4,7,8-PeCDF
          39.99
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          37.23
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          40.25

Non-2,3,7,8-sub-PeCDF
          34.66

PeCDF Lock Mass
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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F2:m/z     339.8597

1,2,3,7,8-PeCDF
          38.73

Non-2,3,7,8-sub-PeCDF
          37.23

Non-2,3,7,8-sub-PeCDF
          40.25

Non-2,3,7,8-sub-PeCDF
          34.66
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2,3,4,7,8-PeCDF
          39.99

Non-2,3,7,8-sub-PeCDF
          37.23

Non-2,3,7,8-sub-PeCDF
          40.25

Non-2,3,7,8-sub-PeCDF
          34.66

PeCDF Interference Mass
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.73
Area: 52106
Amount:    3.161288
Amount Units: pg/ul
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Manual Integration Results
RT:  38.73
Area: 47418
Amount:    2.842721
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:00:03
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.73
Area: 85344
Amount:    3.161288
Amount Units: pg/ul
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Manual Integration Results
RT:  38.73
Area: 76181
Amount:    2.842721
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:00:09
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.61- 41.41)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.61- 41.41
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Manual Integration Results
RT = 38.663 Area = 7080 M
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Reviewer: parslyt, 18-Dec-2019 04:01:16
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.61- 41.41)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.61- 41.41
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Manual Integration Results
RT = 38.836 Area = 2068 M
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Reviewer: parslyt, 18-Dec-2019 04:01:16
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration

Page 971 of 2476



Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.61- 41.41)
Signal: 1

Processing Integration Results
RT = 41.336 Area = 4405
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Manual Integration Results
RT = 41.336 Area = 3889 M
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Reviewer: parslyt, 18-Dec-2019 04:01:16
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.61- 41.41)
Signal: 2

Processing Integration Results
RT = 41.319 Area = 2145
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Manual Integration Results
RT = 41.319 Area = 3480 M
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Reviewer: parslyt, 18-Dec-2019 04:00:59
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
HxCDD
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HxCDD Lock Mass
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  44.80
Area: 1150
Amount:    0.080516
Amount Units: pg/ul
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Manual Integration Results
RT:  44.92
Area: 1511
Amount:    0.108599
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:02:52
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  44.80
Area: 2417
Amount:    0.080516
Amount Units: pg/ul
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Manual Integration Results
RT:  44.92
Area: 3260
Amount:    0.108599
Amount Units: pg/ul
Reviewer: parslyt, 18-Dec-2019 04:02:52
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  44.80
Area: 1267
Amount:    0.080516
Amount Units: pg/ul

44.4 44.6 44.8 45.0 45.2
Min

2

7

12

17

22

27

32

37

42

47

52

57

62

67

Y
 ( 

X
10

)

F3:m/z     389.8158

 4
4.

79
8

Manual Integration Results
RT:  44.92
Area: 1749
Amount:    0.108599
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:02:59
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8158, RT: ( 43.22- 45.38)
Signal: 1

Processing Integration Results
RT = 43.244 Area = 53495
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Manual Integration Results
RT = 43.244 Area = 53075 M
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Reviewer: parslyt, 18-Dec-2019 04:03:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDD, CAS: 109719-80-4
Signal: 1

Processing Integration Results
RT:  44.78
Area: 1434487
Amount:   50.670197
Amount Units: pg/ul
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Manual Integration Results
RT:  44.78
Area: 665814
Amount:   30.417226
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:02:06
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDD, CAS: 109719-81-5
Signal: 3

Processing Integration Results
RT:  44.78
Area: 1923116
Amount:   48.466522
Amount Units: pg/ul

Manual Integration Results
RT:  44.90
Area: 1307305
Amount:   32.946804
Amount Units: pg/ul
Reviewer: parslyt, 18-Dec-2019 04:02:13
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDD, CAS: 109719-81-5
Signal: 1

Processing Integration Results
RT:  44.78
Area: 1434487
Amount:   48.466522
Amount Units: pg/ul
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Manual Integration Results
RT:  44.90
Area: 736724
Amount:   32.946804
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:02:24
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDD, CAS: 109719-81-5
Signal: 2

Processing Integration Results
RT:  44.78
Area: 488629
Amount:   48.466522
Amount Units: pg/ul

44.4 44.6 44.8 45.0 45.2
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

14

Y
 ( 

X
10

00
0)

F3:m/z     403.8529

 4
4.

78
1

Manual Integration Results
RT:  44.90
Area: 570581
Amount:   32.946804
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:02:27
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
)

F3:m/z     373.8208
1,2,3,4,7,8-HxCDF
          43.77

1,2,3,6,7,8-HxCDF
          43.90

Non-2,3,7,8-sub-HxCDF
          45.69Non-2,3,7,8-sub-HxCDF

          42.55

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
)

F3:m/z     375.8178
1,2,3,4,7,8-HxCDF
          43.77

1,2,3,6,7,8-HxCDF
          43.90

Non-2,3,7,8-sub-HxCDF
          45.69Non-2,3,7,8-sub-HxCDF

          42.53

HxCDF Standards

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F3:m/z     383.8639
13C-1,2,3,6,7,8-HxCDF
          43.89

13C-1,2,3,7,8,9-HxCDF
          45.54

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

5

10

15

20

25

30

35

40

Y
 ( 

X
10

00
0)

F3:m/z     385.8610
13C-1,2,3,6,7,8-HxCDF
          43.89

13C-1,2,3,7,8,9-HxCDF
          45.54

Page 984 of 2476



Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  43.77
Area: 91385
Amount:    4.242150
Amount Units: pg/ul
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Manual Integration Results
RT:  43.77
Area: 89442
Amount:    4.200238
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:06:51
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  43.90
Area: 36874
Amount:    1.184618
Amount Units: pg/ul
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Manual Integration Results
RT:  43.90
Area: 33596
Amount:    1.088786
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:04:07
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  43.90
Area: 26256
Amount:    1.184618
Amount Units: pg/ul
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Manual Integration Results
RT:  43.90
Area: 24427
Amount:    1.088786
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:04:12
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
RT:  44.63
Area: 6121
Amount:    0.212203
Amount Units: pg/ul
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Manual Integration Results
RT:  44.63
Area: 3878
Amount:    0.164386
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:04:26
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 990 of 2476



Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
RT:  45.58
Area: 1745
Amount:    0.073165
Amount Units: pg/ul
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Manual Integration Results
RT:  45.58
Area: 1832
Amount:    0.087544
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:05:06
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
RT:  45.58
Area: 1369
Amount:    0.073165
Amount Units: pg/ul
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Manual Integration Results
RT:  45.58
Area: 1894
Amount:    0.087544
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:05:13
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.53- 45.77)
Signal: 2

Processing Integration Results
RT = 43.312 Area = 6799
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Manual Integration Results
RT = 43.312 Area = 5255 M
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Reviewer: parslyt, 18-Dec-2019 04:06:51
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.53- 45.77)
Signal: 1

Processing Integration Results
RT = 43.515 Area = 2876
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Manual Integration Results
RT = 43.515 Area = 3054 M
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Reviewer: parslyt, 18-Dec-2019 04:06:37
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.53- 45.77)
Signal: 2

Processing Integration Results
Not Detected
RT:  42.53- 45.77
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Manual Integration Results
RT = 43.515 Area = 3390 M
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Reviewer: parslyt, 18-Dec-2019 04:06:51
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.53- 45.77)
Signal: 1

Processing Integration Results
RT = 44.511 Area = 2276
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Manual Integration Results
RT = 44.511 Area = 3176 M
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Reviewer: parslyt, 18-Dec-2019 04:06:37
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.53- 45.77)
Signal: 2

Processing Integration Results
Not Detected
RT:  42.53- 45.77
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Manual Integration Results
RT = 44.511 Area = 2701 M
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Reviewer: parslyt, 18-Dec-2019 04:06:51
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 04:10:07 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7817, RT: ( 47.79- 52.06)
Signal: 1

Processing Integration Results
RT = 48.567 Area = 14491
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Manual Integration Results
RT = 48.567 Area = 14039 M
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Reviewer: parslyt, 18-Dec-2019 04:08:31
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 1

Processing Integration Results
RT:  53.84
Area: 1102499
Amount:    103.3251
Amount Units: pg/ul
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Manual Integration Results
RT:  53.84
Area: 1012232
Amount:   94.799387
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:09:07
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 2

Processing Integration Results
RT:  53.84
Area: 1216406
Amount:    103.3251
Amount Units: pg/ul
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Manual Integration Results
RT:  53.84
Area: 1115333
Amount:   94.799387
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:09:10
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

13

26

39

52

65

78

91

Y
 ( 

X
10

0)

F5:m/z     441.7428
OCDF
  53.98

54.03

54.60

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
)

F5:m/z     443.7399
OCDF
  53.98

54.03

53.84

OCDF Standards

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F5:m/z     453.7830
13C-OCDF
  53.96

54.29 54.63

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
0)

F5:m/z     455.7801
13C-OCDF
  53.96

Page 1008 of 2476



Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36146 Sample Line#: 9
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  53.98
Area: 43496
Amount:    2.500795
Amount Units: pg/ul
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Manual Integration Results
RT:  53.98
Area: 37620
Amount:    2.169853
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:09:32
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:10:08 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-10-a.d
Injection Date: 17-Dec-2019 17:34:00 Instrument ID: D2A
Lims ID: 140-17578-A-10-A         Lab Sample ID: 140-17578-10             
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  53.98
Area: 37216
Amount:    2.500795
Amount Units: pg/ul
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Manual Integration Results
RT:  53.98
Area: 32411
Amount:    2.169853
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:09:35
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 1012 of 2476



FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-10

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-10-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  08:05

Low1(uL)

20(uL)

% Moisture: 10.4

Sample wt/vol: 10.19(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.1 0.6651207-31-9 2,3,7,8-TCDF 300

%RECCAS NO. LIMITSQISOTOPE DILUTION

63 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B

Page 1013 of 2476



Report Date: 18-Dec-2019 09:06:57 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A         
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Sample Type: Client
Inject. Date: 18-Dec-2019 08:05:00 ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-014
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:06:57

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:43    1079371 0.80   1.2213        35.8        35.8   0.2295   0.2295
  2,3,7,8-TCDF 22:14    6078792 0.80   1.1100       134.8       134.8   0.3020   0.3020
D 13C-2,3,7,8-TCDD 19:41    1232901 0.76   1.0031        30.7        30.7   0.9601   0.9601  61.45
D 13C-2,3,7,8-TCDF 22:11    2030574 0.83   1.6193        31.3        31.3   0.2481   0.2481  62.69
$ 37Cl4-2,3,7,8-TCDD 19:43     338824   1.1834       7.157       7.157   0.0701   0.0701  71.57

* 13C-1,2,3,4-TCDD 20:08    4000361 0.80  1.6E+05       100.0       100.0
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Report Date: 18-Dec-2019 09:06:57 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-10-a.d
Lims ID: 140-17578-A-10-A         
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Sample Type: Client
Inject. Date: 18-Dec-2019 08:05:00 ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-014
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:05:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:06:57

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:43 19:44    0  1.002     478749      73812    256    640    288
321.8936 19:43 19:44    0  1.002     600622      91946    180    450    511  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:14 22:14   -1  1.002    2693538     358621    334    835   1074
305.8987 22:13 22:14   -2  1.002    3385254     451030    377    942   1196  0.80(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:41 19:41   -1  0.977     531579      84637   1456   3640     58
333.9338 19:41 19:41   -1  0.977     701322     109830    982   2455    112  0.76(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:11 22:14   -2  1.102     918201     114460    581   1452    197
317.9389 22:11 22:14   -2  1.102    1112373     150608    436   1090    345  0.83(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:43 19:42    0  0.979     338824      52155    210    525    248

13C-1,2,3,4-TCDD
331.9368 20:08 20:09   -1    1780801     284724   1456   3640    196
333.9338 20:08 20:09   -1    2219560     348117    982   2455    354  0.80(0.65-0.89)
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Report Date: 18-Dec-2019 09:06:57 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-10-a.d
Injection Date: 18-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36167 Sample Line#: 14
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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19.61

18.01 23.46 26.54

TCDF Standards

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     315.9419
13C-2,3,7,8-TCDF
          22.18

29.2619.39 25.5915.4012.88

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F1:m/z     317.9389
13C-2,3,7,8-TCDF
          22.18

19.27 29.2815.40 25.638.83 12.32
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Report Date: 18-Dec-2019 09:06:57 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-10-a.d
Injection Date: 18-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36167 Sample Line#: 14
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

2,3,7,8-TCDF
          22.23

19.61

18.01 23.46 26.52

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

2,3,7,8-TCDF
          22.21

19.61

18.01 23.46 26.54

TCDF Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 09:06:57 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-10-a.d
Injection Date: 18-Dec-2019 08:05:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(1-2)
Worklist#: 36167 Sample Line#: 14
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

2,3,7,8-TCDF
          22.23

19.61

18.01 23.46 26.52

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

2,3,7,8-TCDF
          22.21

19.61

18.01 23.46 26.54

TCDF Interference Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

1

3

5

7

9

11

13

15

17

19

21

23

Y
 ( 

X
10

0)

F1:m/z     375.8364 23.90

31.4329.16
14.44

31.82

13.20

22.43

20.33
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-11

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-11-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  18:35

Low1(uL)

20(uL)

% Moisture: 17.5

Sample wt/vol: 10.31(g)

N

Analysis Batch No.: 36146 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.2 0.111746-01-6 2,3,7,8-TCDD 82

1.2 0.11B q41903-57-5 Total TCDD 94

5.9 0.13J q40321-76-4 1,2,3,7,8-PeCDD 0.68

5.9 0.13J q36088-22-9 Total PeCDD 2.2

5.9 0.035J39227-28-6 1,2,3,4,7,8-HxCDD 0.16

5.9 0.035J q57653-85-7 1,2,3,6,7,8-HxCDD 0.42

5.9 0.033J q19408-74-3 1,2,3,7,8,9-HxCDD 0.58

5.9 0.034B q34465-46-8 Total HxCDD 11

5.9 0.089B35822-46-9 1,2,3,4,6,7,8-HpCDD 9.3

5.9 0.089B37871-00-4 Total HpCDD 35

12 0.042B3268-87-9 OCDD 200

1.2 0.15B30402-14-3 Total TCDF 640

5.9 0.03957117-41-6 1,2,3,7,8-PeCDF 6.2

5.9 0.041J57117-31-4 2,3,4,7,8-PeCDF 5.4

5.9 0.040q30402-15-4 Total PeCDF 20

5.9 0.06570648-26-9 1,2,3,4,7,8-HxCDF 9.7

5.9 0.061J57117-44-9 1,2,3,6,7,8-HxCDF 2.3

5.9 0.068J60851-34-5 2,3,4,6,7,8-HxCDF 0.37

5.9 0.092J q72918-21-9 1,2,3,7,8,9-HxCDF 0.15

5.9 0.072q55684-94-1 Total HxCDF 15

5.9 0.042J B67562-39-4 1,2,3,4,6,7,8-HpCDF 2.8

5.9 0.071J B q55673-89-7 1,2,3,4,7,8,9-HpCDF 0.93

5.9 0.056J B q38998-75-3 Total HpCDF 4.3

12 0.042J B39001-02-0 OCDF 3.4

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-11

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-11-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  18:35

Low1(uL)

20(uL)

% Moisture: 17.5

Sample wt/vol: 10.31(g)

N

Analysis Batch No.: 36146 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

63 25-16476523-40-5 13C-2,3,7,8-TCDD

63 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

66 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

68 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

66 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

57 17-157114423-97-1 13C-OCDD

64 24-16989059-46-1 13C-2,3,7,8-TCDF

66 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

60 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

68 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

69 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

67 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

65 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

67 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

61 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

57 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

71 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A         
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Sample Type: Client
Inject. Date: 17-Dec-2019 18:35:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-010
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 04:23:14 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 04:23:13

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:45    1183409 0.79   1.1733        34.7        34.7   0.0474   0.0474
A Non-2,3,7,8-sub-TCDD 29:29     180227 0.77   1.1733       5.348       5.283   0.0474    3.554  RQ
S Total TCDD        40.0        40.0   0.0474   0.0474  RQ

  2,3,7,8-TCDF 28:46    7868094 0.79   1.0881       149.8       149.8   0.0635   0.0635
A Non-2,3,7,8-sub-TCDF 28:12    6535765 0.79   1.0881       124.4       124.4   0.0635     66.9  M
S Total TCDF       274.2       274.2   0.0635   0.0635

  1,2,3,7,8-PeCDD 40:32       7142 1.55   1.0434      0.3252      0.2910   0.0532   0.0532  RQ
A Non-2,3,7,8-sub-PeCDD 39:26      15711 1.55   1.0434       8.205      0.6402   0.0532   0.3729  RQ
S Total PeCDD       8.530      0.9312   0.0532   0.0532  RQ

  1,2,3,7,8-PeCDF 38:45     121065 1.76   1.1898       2.631       2.631   0.0165   0.0165  M
  2,3,4,7,8-PeCDF 40:00      89509 1.59   1.1095       2.279       2.279   0.0174   0.0174
A Non-2,3,7,8-sub-PeCDF 38:01     156785 1.55   1.1496       3.819       3.682   0.0169    1.391  RQMa
S Total PeCDF       8.728       8.592   0.0169   0.0169  RQ

  1,2,3,4,7,8-HxCDD 44:49       2016 1.09   1.1409      0.0700      0.0700   0.0147   0.0147
  1,2,3,6,7,8-HxCDD 44:55       5549 1.24   1.1481      0.1964      0.1779   0.0150   0.0150  RQ
  1,2,3,7,8,9-HxCDD 45:17       7909 1.24   1.2212      0.2873      0.2471   0.0139   0.0139  RQ
A Non-2,3,7,8-sub-HxCDD 44:19     134207 1.24   1.1700       4.439       4.376   0.0145    3.334  RQ
S Total HxCDD       4.992       4.871   0.0145   0.0145  RQ

  1,2,3,4,7,8-HxCDF 43:47     197999 1.28   1.3629       4.121       4.121   0.0277   0.0277
  1,2,3,6,7,8-HxCDF 43:54      55208 1.21   1.2762      0.9809      0.9809   0.0259   0.0259  M
  2,3,4,6,7,8-HxCDF 44:38       7590 1.35   1.2654      0.1556      0.1556   0.0290   0.0290
  1,2,3,7,8,9-HxCDF 45:33       2684 1.24   1.2573      0.0706      0.0629   0.0392   0.0392  RQM
A Non-2,3,7,8-sub-HxCDF 44:10      48583 1.24   1.2905       1.074       0.992   0.0297   0.3436  RQMa
S Total HxCDF       6.402       6.312   0.0304   0.0304  RQ

  1,2,3,4,6,7,8-HpCDD 49:36     105200 1.04   1.1204       3.977       3.977   0.0380   0.0380
A Non-2,3,7,8-sub-HpCDD 49:03     284510 1.03   1.1204        10.8        10.8   0.0380     10.8
S Total HpCDD        14.7        14.7   0.0380   0.0380

  1,2,3,4,6,7,8-HpCDF 47:56      54329 1.04   1.4984       1.177       1.177   0.0180   0.0180
  1,2,3,4,7,8,9-HpCDF 50:15      12939 1.04   1.3807      0.4452      0.3938   0.0301   0.0301  RQM
A Non-2,3,7,8-sub-HpCDF 49:56      10179 0.00   1.4395      0.2590      0.2590   0.0227   0.2590  M
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       1.881       1.830   0.0240   0.0240  RQ

  OCDD 53:50    1775307 0.90   1.2073        83.2        83.2   0.0180   0.0180  M
  OCDF 53:59      42197 0.97   1.1162       1.428       1.428   0.0180   0.0180  M
D 13C-2,3,7,8-TCDD 30:42    1453878 0.79   1.0709        31.7        31.7   0.1876   0.1876  63.44
D 13C-2,3,7,8-TCDF 28:43    2413604 0.84   1.7545        32.1        32.1   0.3222   0.3222  64.28
D 13C-1,2,3,7,8-PeCDD 40:31    1176027 1.62   0.8743        31.4        31.4   0.2628   0.2628  62.85
D 13C-1,2,3,7,8-PeCDF 38:43    1933756 1.57   1.3704        33.0        33.0   0.3106   0.3106  65.94
D 13C-2,3,4,7,8-PeCDF 39:58    1770215 1.71   1.3837        29.9        29.9   0.3076   0.3076  59.78
D 13C-1,2,3,4,7,8-HxCDD 44:47    1262920 1.25   0.8772        33.0        33.0   0.1454   0.1454  65.94
D 13C-1,2,3,6,7,8-HxCDD 44:54    1358406 1.30   0.9171        33.9        33.9   0.1390   0.1390  67.84
D 13C-1,2,3,4,7,8-HxCDF 43:46    1762782 0.52   1.1892        33.9        33.9   0.2753   0.2753  67.89
D 13C-1,2,3,6,7,8-HxCDF 43:53    2205013 0.53   1.4625        34.5        34.5   0.2238   0.2238  69.05
D 13C-2,3,4,6,7,8-HxCDF 44:37    1927903 0.53   1.3197        33.5        33.5   0.2481   0.2481  66.91
D 13C-1,2,3,7,8,9-HxCDF 45:32    1697282 0.51   1.2001        32.4        32.4   0.2728   0.2728  64.77
D 13C-1,2,3,4,6,7,8-HpCDD 49:34    1180494 1.04   0.8155        33.1        33.1   0.1736   0.1736  66.30
D 13C-1,2,3,4,6,7,8-HpCDF 47:54    1540028 0.47   1.0496        33.6        33.6   0.2005   0.2005  67.20
D 13C-1,2,3,4,7,8,9-HpCDF 50:13    1189946 0.46   0.8947        30.5        30.5   0.2352   0.2352  60.91
D 13C-OCDD 53:49    1767960 0.91   0.7044        57.5        57.5   0.2338   0.2338  57.47
D 13C-OCDF 53:58    2646929 0.92   1.0615        57.1        57.1   0.1618   0.1618  57.10
$ 37Cl4-2,3,7,8-TCDD 30:45     373045   1.2266       7.106       7.106   0.1612   0.1612  71.06

* 13C-1,2,3,4-TCDD 30:12    4280064 0.81  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:17    4366986 1.30    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A         
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Sample Type: Client
Inject. Date: 17-Dec-2019 18:35:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-010
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 04:23:14 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 04:23:13

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:45 30:51   -4  1.002     523424      52624     32     80   1645
321.8936 30:46 30:51   -3  1.002     659985      66638     35     87   1904  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQ

319.8965 24:54 29:29 -274  0.811       1866        305     32     80     10
Empc Correction       1477        241     32     80      8

321.8936 24:52 29:29 -276  0.810       1919        314     35     87      9  0.97(0.65-0.89)

319.8965 27:43 29:29 -106  0.902      12023       1628     32     80     51
321.8936 27:44 29:29 -105  0.903      14092       2170     35     87     62  0.85(0.65-0.89)

319.8965 28:40 29:29  -48  0.934       3094        417     32     80     13
Empc Correction       2383        262     32     80      8

321.8936 28:40 29:29  -48  0.934       3095        341     35     87     10  1.00(0.65-0.89)

319.8965 30:10 29:29   42  0.982       2581        468     32     80     15
Empc Correction       1852        311     32     80     10

321.8936 30:13 29:29   45  0.984       2406        404     35     87     12  1.07(0.65-0.89)

319.8965 30:30 29:29   62  0.993       5608        853     32     80     27
321.8936 30:29 29:29   61  0.993       7045       1212     35     87     35  0.80(0.65-0.89)

319.8965 31:50 29:29  141  1.037      52061       5184     32     80    162
321.8936 31:52 29:29  143  1.038      69183       6531     35     87    187  0.75(0.65-0.89)

319.8965 32:45 29:29  196  1.066       1925        171     32     80      5
321.8936 32:37 29:29  188  1.062       2394        263     35     87      8  0.80(0.65-0.89)

319.8965 33:58 29:29  269  1.106       1605        210     32     80      7
Empc Correction       1202        165     32     80      5

321.8936 33:59 29:29  270  1.107       1562        215     35     87      6  1.03(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:46 28:49   -4  1.002    3476145     363337     85    212   4275
305.8987 28:46 28:49   -4  1.002    4391949     456983     65    162   7031  0.79(0.65-0.89)
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-TCDF M

303.9016 23:19 28:12 -293  0.812       4131        644     85    212      8
305.8987 23:18 28:12 -294  0.811       5761        977     65    162     15  0.72(0.65-0.89)

303.9016 24:18 28:12 -234  0.846      29567       3757     85    212     44
305.8987 24:20 28:12 -232  0.847      37009       4576     65    162     70  0.80(0.65-0.89)

303.9016 25:02 28:12 -190  0.872     161607      20453     85    212    241
305.8987 25:01 28:12 -191  0.871     205880      26262     65    162    404  0.78(0.65-0.89)

303.9016 25:44 28:12 -148  0.896     209340      21466     85    212    253
305.8987 25:44 28:12 -148  0.896     254349      24817     65    162    382  0.82(0.65-0.89)

303.9016 26:13 28:12 -119  0.913      31075       4118     85    212     48
305.8987 26:12 28:12 -120  0.912      36809       5099     65    162     78  0.84(0.65-0.89)

303.9016 26:24 28:12 -108  0.919      97113      12180     85    212    143
305.8987 26:25 28:12 -107  0.920     120588      14807     65    162    228  0.81(0.65-0.89)

303.9016 26:55 28:12  -77  0.937     142680      17384     85    212    205
305.8987 26:56 28:12  -76  0.938     178949      19838     65    162    305  0.80(0.65-0.89)

303.9016 27:11 28:12  -61  0.947      14145       1967     85    212     23
305.8987 27:10 28:12  -62  0.946      20237       2623     65    162     40  0.70(0.65-0.89)

303.9016 27:41 28:12  -32  0.964    1557144     187122     85    212   2201
305.8987 27:41 28:12  -32  0.964    1959247     234489     65    162   3608  0.79(0.65-0.89)

303.9016 28:18 28:12    6  0.985      81013       8925     85    212    105
305.8987 28:17 28:12    5  0.985     100537      11689     65    162    180  0.81(0.65-0.89)

303.9016 29:35 28:12   82  1.030       2916        385     85    212      5
305.8987 29:35 28:12   82  1.030       4094        620     65    162     10  0.71(0.65-0.89)

303.9016 29:58 28:12  106  1.043     249111      26085     85    212    307
305.8987 29:58 28:12  106  1.043     321110      34057     65    162    524  0.78(0.65-0.89)

303.9016 30:39 28:12  147  1.067      51620       4862     85    212     57 M
305.8987 30:38 28:12  146  1.067      70345       6675     65    162    103  0.73(0.65-0.89)

303.9016 33:48 28:12  335  1.177     257791      27477     85    212    323
305.8987 33:48 28:12  335  1.177     331597      34492     65    162    531  0.78(0.65-0.89)

1,2,3,7,8-PeCDD RQ
355.8546 40:32 40:33   -2  1.000       5180       1136     11     27    103

Empc Correction       4341       1202     11     27    109
357.8516 40:32 40:33   -2  1.000       2801        776    106    265      7  1.85(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 37:34 39:26 -112  0.927       3988        674     11     27     61
357.8516 37:44 39:26 -102  0.931     186072      34891    106    265    329  0.02(1.32-1.78)

Empc Correction       2572        434    106    265      4

355.8546 38:25 39:26  -61  0.948       7709       1590     11     27    145
Empc Correction       5562       1292     11     27    117

357.8516 38:26 39:26  -60  0.949       3589        834    106    265      8  2.15(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 38:45 38:44   -2  1.001      77219      14885     23     57    647
341.8567 38:44 38:44   -3  1.000      43846       8555     35     87    244  1.76(1.32-1.78) M

2,3,4,7,8-PeCDF
339.8597 40:00 40:01   -2  1.001      54995      11746     23     57    511
341.8567 40:00 40:01   -2  1.001      34514       7567     35     87    216  1.59(1.32-1.78)
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 34:41 38:01 -200  0.896       3477        447     23     57     19
Empc Correction       2442        539     23     57     23

341.8567 34:39 38:01 -202  0.895       1576        348     35     87     10  2.21(1.32-1.78)

339.8597 37:14 38:01  -47  0.962      35827       6076     23     57    264
341.8567 37:14 38:01  -47  0.962      23425       3635     35     87    104  1.53(1.32-1.78)

339.8597 37:31 38:01  -30  0.969       1316        259     23     57     11
341.8567 37:33 38:01  -28  0.970       1638        221     35     87      6  0.80(1.32-1.78)

Empc Correction        849        167     35     87      5

339.8597 38:08 38:01    7  0.985       1451        267     23     57     12
341.8567 38:04 38:01    3  0.984       1259        261     35     87      7  1.15(1.32-1.78)

Empc Correction        936        172     35     87      5

339.8597 38:13 38:01   12  0.987       3472        632     23     57     27
341.8567 38:14 38:01   13  0.988       2860        433     35     87     12  1.21(1.32-1.78)

Empc Correction       2240        407     35     87     12

339.8597 38:39 38:01   38  0.998       7362       1934     23     57     84 M
Empc Correction       6190       1932     23     57     84

341.8567 38:40 38:01   39  0.999       3994       1247     35     87     36  1.84(1.32-1.78)

339.8597 39:02 38:01   61  1.008       1555        336     23     57     15 a
341.8567 39:01 38:01   60  1.008       1243        210     35     87      6  1.25(1.32-1.78) M

Empc Correction       1003        216     35     87      6

339.8597 39:17 38:01   76  1.015      23933       4785     23     57    208
341.8567 39:16 38:01   75  1.014      14157       2642     35     87     75  1.69(1.32-1.78)

339.8597 40:15 38:01  134  1.040      15281       3247     23     57    141
341.8567 40:15 38:01  134  1.040      11148       2082     35     87     59  1.37(1.32-1.78)

339.8597 41:20 38:01  199  1.068       3641        588     23     57     26
341.8567 41:20 38:01  199  1.068       3987        620     35     87     18  0.91(1.32-1.78)

Empc Correction       2349        379     35     87     11

1,2,3,4,7,8-HxCDD
389.8158 44:49 44:49   -1  1.001       1050        283     19     47     15
391.8127 44:48 44:49   -2  1.000        966        297     24     60     12  1.09(1.05-1.43)

1,2,3,6,7,8-HxCDD RQ
389.8158 44:55 44:55   -2  1.000       3072        728     19     47     38
391.8127 44:55 44:55   -2  1.000       3055        627     24     60     26  1.01(1.05-1.43)

Empc Correction       2477        587     24     60     24

1,2,3,7,8,9-HxCDD RQ
389.8158 45:17 45:18   -3  1.011       5666        928     19     47     49

Empc Correction       4378        828     19     47     44
391.8127 45:17 45:18   -3  1.011       3531        668     24     60     28  1.60(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQ

389.8158 43:15 44:19  -64  0.963      54986      14753     19     47    776
391.8127 43:15 44:19  -64  0.963      47276      12792     24     60    533  1.16(1.05-1.43)

389.8158 43:49 44:19  -30  0.976       3517        507     19     47     27
Empc Correction       1584        406     19     47     21

391.8127 43:48 44:19  -31  0.976       1278        328     24     60     14  2.75(1.05-1.43)
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

389.8158 44:06 44:19  -12  0.982      14503       3482     19     47    183
391.8127 44:06 44:19  -12  0.982      10610       2416     24     60    101  1.37(1.05-1.43)

389.8158 44:16 44:19   -2  0.986       2310        385     19     47     20
391.8127 44:15 44:19   -3  0.986       1660        279     24     60     12  1.39(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 43:47 43:47   -2  1.000     111117      27836     47    117    592
375.8178 43:46 43:47   -3  1.000      86882      20790     91    227    228  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDF M
373.8208 43:54 43:54   -2  1.000      30271       7267     47    117    155 M
375.8178 43:54 43:54   -2  1.000      24937       5871     91    227     65  1.21(1.05-1.43) M

2,3,4,6,7,8-HxCDF
373.8208 44:38 44:38   -2  1.000       4367       1127     47    117     24
375.8178 44:38 44:38   -2  1.000       3223        824     91    227      9  1.35(1.05-1.43)

1,2,3,7,8,9-HxCDF RQM
373.8208 45:33 45:33   -2  1.000       1486        446     47    117      9
375.8178 45:33 45:33   -2  1.000       1528        354     91    227      4  0.97(1.05-1.43) M

Empc Correction       1198        359     91    227      4

A Non-2,3,7,8-sub-HxCDF RQMa

373.8208 42:32 44:10  -97  0.969       2219        585     47    117     12 a
375.8178 42:33 44:10  -96  0.970       1752        495     91    227      5  1.27(1.05-1.43) M

373.8208 42:43 44:10  -86  0.973       9320       2562     47    117     55 a
375.8178 42:43 44:10  -86  0.973       9601       2320     91    227     25  0.97(1.05-1.43)

Empc Correction       7516       2066     91    227     23

373.8208 43:19 44:10  -51  0.987       5583       1379     47    117     29 a
375.8178 43:20 44:10  -50  0.987       4069       1267     91    227     14  1.37(1.05-1.43)

373.8208 43:58 44:10  -11  1.002       2721        728     47    117     15 M
375.8178 43:58 44:10  -11  1.002       2633        834     91    227      9  1.03(1.05-1.43)

Empc Correction       2194        587     91    227      6

373.8208 44:09 44:10    0  1.006       1067        221     47    117      5 M
Empc Correction        913        262     47    117      6

375.8178 44:09 44:10    0  1.006        737        212     91    227      2  1.45(1.05-1.43)

373.8208 45:43 44:10   93  1.042       6399       1495     47    117     32 M
375.8178 45:42 44:10   92  1.041       6527       1329     91    227     15  0.98(1.05-1.43)

Empc Correction       5160       1205     91    227     13

1,2,3,4,6,7,8-HpCDD
423.7767 49:36 49:35   -2  1.001      53751       9311     34     85    274
425.7737 49:35 49:35   -3  1.000      51449       9149     37     92    247  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 48:25 49:03  -38  0.977     144049      27244     34     85    801
425.7737 48:25 49:03  -38  0.977     140461      25473     37     92    688  1.03(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 47:56 47:56   -2  1.000      27738       5635     42    105    134
409.7788 47:56 47:56   -2  1.000      26591       5751     25     62    230  1.04(0.88-1.20)

1,2,3,4,7,8,9-HpCDF RQM
407.7817 50:15 50:15   -1  1.001       8285       1350     42    105     32 M

Empc Correction       6596       1313     42    105     31
409.7788 50:14 50:15   -2  1.000       6343       1263     25     62     51  1.31(0.88-1.20)
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDF M

407.7817 48:34 49:56  -82  1.014      10179       1915     42    105     46 M
409.7788 48:33 49:56  -83  0.000     25     62  0.00(0.88-1.20)

OCDD M
457.7377 53:50 53:50   -2  1.000     839219     192802     19     47  10147 M
459.7348 53:50 53:50   -2  1.000     936088     218773     13     32  16829  0.90(0.76-1.02) M

OCDF M
441.7428 53:59 53:59   -2  1.000      20800       4868     28     70    174 M
443.7399 53:59 53:59   -2  1.000      21397       5204     19     47    274  0.97(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:42 30:47   -5  1.017     641531      68960    231    577    299
333.9338 30:42 30:47   -5  1.017     812347      81129    146    365    556  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:43 28:48   -5  0.951    1102172     122142    418   1045    292
317.9389 28:44 28:48   -4  0.951    1311432     149077    642   1605    232  0.84(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:31 40:33   -2  1.342     726534     160651    313    782    513
369.8919 40:31 40:33   -2  1.342     449493     102148    118    295    866  1.62(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:43 38:45   -3  1.282    1180688     221953    474   1185    468
353.8970 38:43 38:45   -3  1.282     753068     147981    324    810    457  1.57(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 39:58 40:01   -3  1.324    1117528     236892    474   1185    500
353.8970 39:58 40:01   -3  1.324     652687     139483    324    810    431  1.71(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:47 44:47   -2  0.989     702117     180773    274    685    660
403.8529 44:47 44:47   -2  0.989     560803     138151    216    540    640  1.25(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:54 44:54   -2  0.991     767013     175490    274    685    640
403.8529 44:54 44:54   -2  0.991     591393     136162    216    540    630  1.30(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:46 43:46   -1  0.966     605539     159660    503   1257    317
385.8610 43:46 43:46   -1  0.966    1157243     297136    755   1887    394  0.52(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:53 43:54   -2  0.969     768326     178275    503   1257    354
385.8610 43:53 43:54   -2  0.969    1436687     342815    755   1887    454  0.53(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:37 44:37   -2  0.985     670938     161078    503   1257    320
385.8610 44:37 44:37   -2  0.985    1256965     309321    755   1887    410  0.53(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:32 45:33   -2  1.006     571527     116626    503   1257    232
385.8610 45:32 45:33   -2  1.006    1125755     233787    755   1887    310  0.51(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:34 49:35   -3  1.094     602210     103759    398    995    261
437.8140 49:34 49:35   -3  1.094     578284     103958    146    365    712  1.04(0.88-1.20)
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:54 47:55   -2  1.058     494051      98550    296    740    333
419.8220 47:54 47:55   -2  1.058    1045977     211638    513   1282    413  0.47(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:13 50:14   -2  1.109     374192      62742    296    740    212
419.8220 50:13 50:14   -2  1.109     815754     138279    513   1282    270  0.46(0.37-0.51)

13C-OCDD
469.7780 53:49 53:50   -2  1.189     843181     172981    318    795    544
471.7750 53:49 53:50   -2  1.189     924779     195980    315    787    622  0.91(0.76-1.02)

13C-OCDF
453.7830 53:58 53:58   -2  1.192    1271086     279600    298    745    938
455.7801 53:58 53:58   -2  1.192    1375843     303660    362    905    839  0.92(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:45 30:49   -4  1.018     373045      38895    371    927    105

13C-1,2,3,4-TCDD
331.9368 30:12 30:17   -5    1913431     202457    231    577    876
333.9338 30:12 30:17   -5    2366633     266302    146    365   1824  0.81(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:17 45:20   -2    2466996     546070    274    685   1993
403.8529 45:17 45:20   -2    1899990     414656    216    540   1920  1.30(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Inject. Date: 17-Dec-2019 18:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDD, RT: 29.467

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1453878          150089
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1453878          150089

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:54              1866               305              1919               314      0.1109 0.97 RQ
24:54              1477               241              1919               314      0.0995 Empc Correction
27:43             12023              1628             14092              2170      0.7655 0.85
28:40              3094               417              3095               341      0.1814 1.00 RQ
28:40              2383               262              3095               341      0.1606 Empc Correction
30:10              2581               468              2406               404      0.1462 1.07 RQ
30:10              1852               311              2406               404      0.1248 Empc Correction
30:30              5608               853              7045              1212      0.3709 0.80
31:50             52061              5184             69183              6531        3.55 0.75
32:45              1925               171              2394               263      0.1266 0.80
33:58              1605               210              1562               215      0.0928 1.03 RQ
33:58              1202               165              1562               215      0.0810 Empc Correction
Signal Totals:

            78531              8815            101696             11450
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           182459             20686 0.79 RQ
           180227             20265 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.348 = (182459 * 50.000) / (1453878 * 1.173)
Empc Amount:          5.283 = (180227 * 50.000) / (1453878 * 1.173)
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Inject. Date: 17-Dec-2019 18:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDF, RT: 28.196

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2413604          271219
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2413604          271219

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:19              4131               644              5761               977      0.1883 0.72
24:18             29567              3757             37009              4576        1.27 0.80
25:02            161607             20453            205880             26262        7.00 0.78
25:44            209340             21466            254349             24817        8.83 0.82
26:13             31075              4118             36809              5099        1.29 0.84
26:24             97113             12180            120588             14807        4.14 0.81
26:55            142680             17384            178949             19838        6.12 0.80
27:11             14145              1967             20237              2623      0.6546 0.70
27:41           1557144            187122           1959247            234489        66.9 0.79
28:18             81013              8925            100537             11689        3.46 0.81
29:35              2916               385              4094               620      0.1335 0.71
29:58            249111             26085            321110             34057        10.9 0.78
30:39             51620              4862             70345              6675        2.32 0.73 M
33:48            257791             27477            331597             34492        11.2 0.78
Signal Totals:

          2889253            336825           3646512            421021
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          6535765            757846 0.79 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:        124.427 = (6535765 * 50.000) / (2413604 * 1.088)
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QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Inject. Date: 17-Dec-2019 18:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 10

Non-2,3,7,8-sub-PeCDD, RT: 39.432

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1176027          262799
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1176027          262799

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:34              3988               674            186072             34891        7.74 0.02 RQ
37:34              3988               674              2572               434      0.2673 Empc Correction
38:25              7709              1590              3589               834      0.4604 2.15 RQ
38:25              5562              1292              3589               834      0.3729 Empc Correction
Signal Totals:

             9550              1966              6161              1268
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           201358             37989 0.06 RQ
            15711              3234 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          8.205 = (201358 * 50.000) / (1176027 * 1.043)
Empc Amount:         0.6402 = (15711 * 50.000) / (1176027 * 1.043)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Inject. Date: 17-Dec-2019 18:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 10

Non-2,3,7,8-sub-PeCDF, RT: 38.009

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         1933756          369934
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1770215          376375
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         1851985          373154

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:41              3477               447              1576               348      0.1187 2.21 RQ
34:41              2442               539              1576               348      0.0944 Empc Correction
37:14             35827              6076             23425              3635        1.39 1.53
37:31              1316               259              1638               221      0.0694 0.80 RQ
37:31              1316               259               849               167      0.0508 Empc Correction
38:08              1451               267              1259               261      0.0636 1.15 RQ
38:08              1451               267               936               172      0.0561 Empc Correction
38:13              3472               632              2860               433      0.1487 1.21 RQ
38:13              3472               632              2240               407      0.1341 Empc Correction
38:39              7362              1934              3994              1247      0.2667 1.84 RQMa
38:39              6190              1932              3994              1247      0.2392 Empc Correction
39:02              1555               336              1243               210      0.0657 1.25 RQM
39:02              1555               336              1003               216      0.0601 Empc Correction
39:17             23933              4785             14157              2642      0.8945 1.69
40:15             15281              3247             11148              2082      0.6207 1.37
41:20              3641               588              3987               620      0.1791 0.91 RQ
41:20              3641               588              2349               379      0.1407 Empc Correction
Signal Totals:

            95108             18661             61677             11295
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           162602             30270 1.49 RQMa
           156785             29956 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.819 = (162602 * 50.000) / (1851985 * 1.150)
Empc Amount:          3.682 = (156785 * 50.000) / (1851985 * 1.150)Page 1034 of 2476



Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Inject. Date: 17-Dec-2019 18:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 10

Non-2,3,7,8-sub-HxCDD, RT: 44.304

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1262920          318924
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1358406          311652
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1310663          315288

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:15             54986             14753             47276             12792        3.33 1.16
43:49              3517               507              1278               328      0.1563 2.75 RQ
43:49              1584               406              1278               328      0.0933 Empc Correction
44:06             14503              3482             10610              2416      0.8188 1.37
44:16              2310               385              1660               279      0.1294 1.39
Signal Totals:

            73383             19026             60824             15815
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           136140             34942 1.24 RQ
           134207             34841 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.439 = (136140 * 50.000) / (1310663 * 1.170)
Empc Amount:          4.376 = (134207 * 50.000) / (1310663 * 1.170)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Inject. Date: 17-Dec-2019 18:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 10

Non-2,3,7,8-sub-HxCDF, RT: 44.151

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1762782          456796
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         2205013          521090
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         1927903          470399
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1697282          350413
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         1898245          449674

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:32              2219               585              1752               495      0.0811 1.27 M
42:43              9320              2562              9601              2320      0.3862 0.97 RQa
42:43              9320              2562              7516              2066      0.3436 Empc Correction
43:19              5583              1379              4069              1267      0.1970 1.37 a
43:58              2721               728              2633               834      0.1093 1.03 RQMa
43:58              2721               728              2194               587      0.1003 Empc Correction
44:09              1067               221               737               212      0.0368 1.45 RnQMa
44:09               913               262               737               212      0.0337 Empc Correction
45:43              6399              1495              6527              1329      0.2638 0.98 RQMa
45:43              6399              1495              5160              1205      0.2359 Empc Correction
Signal Totals:

            27155              7011             21428              5832
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            52628             13427 1.08 RQMa
            48583             12843 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.074 = (52628 * 50.000) / (1898245 * 1.290)
Empc Amount:          0.992 = (48583 * 50.000) / (1898245 * 1.290)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Inject. Date: 17-Dec-2019 18:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1180494          207717
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1180494          207717

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:25            144049             27244            140461             25473        10.8 1.03
Signal Totals:

           144049             27244            140461             25473
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           284510             52717 1.03

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         10.755 = (284510 * 50.000) / (1180494 * 1.120)
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Inject. Date: 17-Dec-2019 18:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDF, RT: 49.925

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1540028          310188
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1189946          201021
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1364987          255604

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:34             10179              1915                 0                 0      0.2590 0.00 M
Signal Totals:

            10179              1915                 0                 0
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            10179              1915 0.00 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2590 = (10179 * 50.000) / (1364987 * 1.440)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
TCDD
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
TCDD
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 18-Dec-2019 04:23:15 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
TCDF
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TCDF Standards
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
TCDF
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2,3,7,8-TCDF
          28.76

TCDF Lock Mass
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.45- 33.94)
Signal: 1

Processing Integration Results
RT = 30.649 Area = 54320
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Manual Integration Results
RT = 30.649 Area = 51620 M
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Reviewer: parslyt, 18-Dec-2019 04:14:28
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 1048 of 2476



Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
PeCDD
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F2:m/z     355.8546

Non-2,3,7,8-sub-PeCDD
          38.41
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          40.53

Non-2,3,7,8-sub-PeCDD
          37.57
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          38.4334.60

PeCDD Lock Mass
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
PeCDF
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Non-2,3,7,8-sub-PeCDF
          40.24

Non-2,3,7,8-sub-PeCDF
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          40.24
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
PeCDF
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F2:m/z     339.8597
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          38.74

2,3,4,7,8-PeCDF
          40.00

Non-2,3,7,8-sub-PeCDF
          37.22

Non-2,3,7,8-sub-PeCDF
          40.24

Non-2,3,7,8-sub-PeCDF
          34.67
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Non-2,3,7,8-sub-PeCDF
          37.22

Non-2,3,7,8-sub-PeCDF
          40.24

Non-2,3,7,8-sub-PeCDF
          34.64

PeCDF Lock Mass
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
PeCDF
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F2:m/z     339.8597

1,2,3,7,8-PeCDF
          38.74

2,3,4,7,8-PeCDF
          40.00

Non-2,3,7,8-sub-PeCDF
          37.22

Non-2,3,7,8-sub-PeCDF
          40.24

Non-2,3,7,8-sub-PeCDF
          34.67
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1,2,3,7,8-PeCDF
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Non-2,3,7,8-sub-PeCDF
          37.22

Non-2,3,7,8-sub-PeCDF
          40.24

Non-2,3,7,8-sub-PeCDF
          34.64

PeCDF Interference Mass
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Min

1

3

5

7

9

11

13

15

Y
 ( 

X
10

)

F2:m/z     409.7974
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.72
Area: 47851
Amount:    2.718026
Amount Units: pg/ul
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Manual Integration Results
RT:  38.72
Area: 43846
Amount:    2.630989
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:15:01
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.61- 41.41)
Signal: 1

Processing Integration Results
RT = 38.636 Area = 7362
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Manual Integration Results
RT = 38.636 Area = 7362
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Reviewer: parslyt, 18-Dec-2019 04:15:28
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.61- 41.41)
Signal: 2

Processing Integration Results
Not Detected
RT:  34.61- 41.41
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Manual Integration Results
RT = 39.015 Area = 1243 M
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Reviewer: parslyt, 18-Dec-2019 04:15:40
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
HxCDD
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Non-2,3,7,8-sub-HxCDD
          43.24

Non-2,3,7,8-sub-HxCDD
          44.10 45.74
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Non-2,3,7,8-sub-HxCDD
          43.24
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Non-2,3,7,8-sub-HxCDD
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HxCDD Lock Mass
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
HxCDF
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          45.70Non-2,3,7,8-sub-HxCDF

          42.53
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HxCDF Standards

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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Y
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F3:m/z     373.8208

1,2,3,4,7,8-HxCDF
          43.78

1,2,3,6,7,8-HxCDF
          43.89

Non-2,3,7,8-sub-HxCDF
          45.70Non-2,3,7,8-sub-HxCDF

          42.53
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          43.76
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          43.89

Non-2,3,7,8-sub-HxCDF
          45.68Non-2,3,7,8-sub-HxCDF

          42.54

HxCDF Lock Mass
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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Y
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F3:m/z     373.8208

1,2,3,4,7,8-HxCDF
          43.78

1,2,3,6,7,8-HxCDF
          43.89

Non-2,3,7,8-sub-HxCDF
          45.70Non-2,3,7,8-sub-HxCDF

          42.53

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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1,2,3,4,7,8-HxCDF
          43.76

1,2,3,6,7,8-HxCDF
          43.89

Non-2,3,7,8-sub-HxCDF
          45.68Non-2,3,7,8-sub-HxCDF

          42.54

HxCDF Interference Mass
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  43.89
Area: 29962
Amount:    1.137495
Amount Units: pg/ul
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Manual Integration Results
RT:  43.89
Area: 24937
Amount:    0.980910
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:16:17
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  43.89
Area: 34059
Amount:    1.137495
Amount Units: pg/ul
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Manual Integration Results
RT:  43.89
Area: 30271
Amount:    0.980910
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:16:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  45.59
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Manual Integration Results
RT:  45.55
Area: 1528
Amount:    0.070617
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:16:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.53- 45.77)
Signal: 2

Processing Integration Results
RT = 42.543 Area = 2701
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Manual Integration Results
RT = 42.543 Area = 1752 M
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Reviewer: parslyt, 18-Dec-2019 04:19:07
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.53- 45.77)
Signal: 1

Processing Integration Results
Not Detected
RT:  42.53- 45.77
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Manual Integration Results
RT = 43.962 Area = 2721 M
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Reviewer: parslyt, 18-Dec-2019 04:18:48
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Assign Peak
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.53- 45.77)
Signal: 1

Processing Integration Results
Not Detected
RT:  42.53- 45.77
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Manual Integration Results
RT = 44.148 Area = 1067 M
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Reviewer: parslyt, 18-Dec-2019 04:18:48
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Assign Peak
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.53- 45.77)
Signal: 1

Processing Integration Results
RT = 45.701 Area = 6399
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Manual Integration Results
RT = 45.701 Area = 6399
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Reviewer: parslyt, 18-Dec-2019 04:18:48
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Assign Peak
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
HpCDF
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HpCDF Lock Mass
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  50.25
Area: 8899
Amount:    0.463855
Amount Units: pg/ul
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Manual Integration Results
RT:  50.25
Area: 8285
Amount:    0.445170
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:21:46
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7817, RT: ( 47.79- 52.06)
Signal: 1

Processing Integration Results
Not Detected
RT:  47.79- 52.06
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Manual Integration Results
RT = 48.559 Area = 10179 M
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Reviewer: parslyt, 18-Dec-2019 04:20:15
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 04:23:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 04:23:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
OCDD

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F5:m/z     457.7377

OCDD
  53.83

53.94
54.52 54.90

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F5:m/z     459.7348

OCDD
  53.83

53.94
54.85

OCDD Lock Mass
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Report Date: 18-Dec-2019 04:23:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 1

Processing Integration Results
RT:  53.83
Area: 928779
Amount:   90.570042
Amount Units: pg/ul
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Manual Integration Results
RT:  53.83
Area: 839219
Amount:   83.176615
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:22:21
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:23:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 2

Processing Integration Results
RT:  53.83
Area: 1004332
Amount:   90.570042
Amount Units: pg/ul
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Manual Integration Results
RT:  53.83
Area: 936088
Amount:   83.176615
Amount Units: pg/ul
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Reviewer: parslyt, 18-Dec-2019 04:22:24
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 1079 of 2476



Report Date: 18-Dec-2019 04:23:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 04:23:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
OCDF
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OCDF Lock Mass
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Report Date: 18-Dec-2019 04:23:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36146 Sample Line#: 10
Column Type: Column Dia:
OCDF
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OCDF Interference Mass
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Report Date: 18-Dec-2019 04:23:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  53.97
Area: 21984
Amount:    1.518233
Amount Units: pg/ul
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F5:m/z     441.7428

 5
3.

97
0

Manual Integration Results
RT:  53.97
Area: 20800
Amount:    1.428266
Amount Units: pg/ul

53.6 53.8 54.0 54.2 54.4
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Reviewer: parslyt, 18-Dec-2019 04:22:34
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 04:23:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\140-17578-a-11-a.d
Injection Date: 17-Dec-2019 18:35:00 Instrument ID: D2A
Lims ID: 140-17578-A-11-A         Lab Sample ID: 140-17578-11             
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  53.97
Area: 22871
Amount:    1.518233
Amount Units: pg/ul

53.6 53.8 54.0 54.2 54.4
Min
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F5:m/z     443.7399
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0

Manual Integration Results
RT:  53.97
Area: 21397
Amount:    1.428266
Amount Units: pg/ul

53.6 53.8 54.0 54.2 54.4
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Reviewer: parslyt, 18-Dec-2019 04:22:37
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-11

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-11-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  08:41

Low1(uL)

20(uL)

% Moisture: 17.5

Sample wt/vol: 10.31(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.2 0.7551207-31-9 2,3,7,8-TCDF 290

%RECCAS NO. LIMITSQISOTOPE DILUTION

66 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 09:24:32 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A         
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Sample Type: Client
Inject. Date: 18-Dec-2019 08:41:00 ALS Bottle#: 0 Worklist Smp#: 15
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-015
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 07:17:59 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:24:32

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:41     807782 0.81   1.2213        32.1        32.1   0.3743   0.3743
  2,3,7,8-TCDF 22:13    4543089 0.79   1.1100       122.5       122.5   0.3207   0.3207
D 13C-2,3,7,8-TCDD 19:40    1031402 0.81   1.0031        32.7        32.7    1.234    1.234  65.48
D 13C-2,3,7,8-TCDF 22:12    1670082 0.77   1.6193        32.8        32.8   0.3153   0.3153  65.68
$ 37Cl4-2,3,7,8-TCDD 19:41     280734   1.1834       7.554       7.554   0.1058   0.1058  75.54

* 13C-1,2,3,4-TCDD 20:08    3140458 0.81  1.6E+05       100.0       100.0
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Report Date: 18-Dec-2019 09:24:32 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-11-a.d
Lims ID: 140-17578-A-11-A         
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Sample Type: Client
Inject. Date: 18-Dec-2019 08:41:00 ALS Bottle#: 0 Worklist Smp#: 15
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014071-015
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 07:17:59 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:24:32

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:41 19:41   -2  1.001     362097      56723    381    952    149
321.8936 19:41 19:41   -2  1.001     445685      71601    252    630    284  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:13 22:14   -3  1.001    2010083     272892    272    680   1003
305.8987 22:13 22:14   -3  1.001    2533006     342193    362    905    945  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:40 19:40   -2  0.977     461693      78317    873   2182     90
333.9338 19:40 19:40   -2  0.977     569709      94706   1519   3797     62  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:12 22:11   -2  1.103     724056      91580    538   1345    170
317.9389 22:11 22:11   -3  1.102     946026     131058    449   1122    292  0.77(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:41 19:41   -2  0.978     280734      45540    242    605    188

13C-1,2,3,4-TCDD
331.9368 20:08 20:09   -2    1404900     216059    873   2182    247
333.9338 20:07 20:09   -3    1735558     267072   1519   3797    176  0.81(0.65-0.89)
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Report Date: 18-Dec-2019 09:24:32 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-11-a.d
Injection Date: 18-Dec-2019 08:41:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36167 Sample Line#: 15
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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          22.17

19.29 29.328.81 15.6113.348.98 20.96 24.24

Page 1088 of 2476



Report Date: 18-Dec-2019 09:24:32 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-11-a.d
Injection Date: 18-Dec-2019 08:41:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36167 Sample Line#: 15
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min
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Report Date: 18-Dec-2019 09:24:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-11-a.d
Injection Date: 18-Dec-2019 08:41:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(2-4)
Worklist#: 36167 Sample Line#: 15
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-12

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-12-aa.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

10

HRMS-Sox

12/18/2019  08:03

Low1(uL)

20(uL)

% Moisture: 39.1

Sample wt/vol: 9.90(g)

N

Analysis Batch No.: 36166 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

17 2.41746-01-6 2,3,7,8-TCDD 2800

17 2.4B41903-57-5 Total TCDD 3100

83 3.2J40321-76-4 1,2,3,7,8-PeCDD 25

83 3.2J q36088-22-9 Total PeCDD 28

83 0.65F2 F139227-28-6 1,2,3,4,7,8-HxCDD ND

83 0.6457653-85-7 1,2,3,6,7,8-HxCDD ND

83 0.61J F219408-74-3 1,2,3,7,8,9-HxCDD 4.0

83 0.63J B34465-46-8 Total HxCDD 62

83 0.62J B35822-46-9 1,2,3,4,6,7,8-HpCDD 75

83 0.62B37871-00-4 Total HpCDD 250

170 0.52B F13268-87-9 OCDD 1300

17 1.2B q30402-14-3 Total TCDF 17000

83 0.47F157117-41-6 1,2,3,7,8-PeCDF 250

83 0.44F157117-31-4 2,3,4,7,8-PeCDF 170

83 0.45I q30402-15-4 Total PeCDF 700

83 2.7F170648-26-9 1,2,3,4,7,8-HxCDF 420

83 2.5F157117-44-9 1,2,3,6,7,8-HxCDF 110

83 2.7J60851-34-5 2,3,4,6,7,8-HxCDF 11

83 3.4J q72918-21-9 1,2,3,7,8,9-HxCDF 7.3

83 2.8I q55684-94-1 Total HxCDF 630

83 0.081F1 B67562-39-4 1,2,3,4,6,7,8-HpCDF 100

83 0.15J B55673-89-7 1,2,3,4,7,8,9-HpCDF 41

83 0.11B q38998-75-3 Total HpCDF 180

170 1.4J B39001-02-0 OCDF 46

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-12

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-12-aa.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

10

HRMS-Sox

12/18/2019  08:03

Low1(uL)

20(uL)

% Moisture: 39.1

Sample wt/vol: 9.90(g)

N

Analysis Batch No.: 36166 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

69 25-16476523-40-5 13C-2,3,7,8-TCDD

q63 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

70 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

71 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

71 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

76 17-157114423-97-1 13C-OCDD

67 24-16989059-46-1 13C-2,3,7,8-TCDF

61 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

69 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

68 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

62 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

66 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

68 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

76 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

65 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

71 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

101 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Lims ID: 140-17578-A-12-A         
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 08:03:00 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Sample Info:
Misc. Info.: 140-0014069-012
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:14:44 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:14:44

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:54    2587472 0.80   1.1733        83.3        83.3   0.0709   0.0709  a
A Non-2,3,7,8-sub-TCDD 29:27     274059 0.80   1.1733       8.825       8.825   0.0709    7.096
S Total TCDD        92.1        92.1   0.0709   0.0709

  2,3,7,8-TCDF 28:53   13514973 0.79   1.0881       293.4       293.4   0.0362   0.0362  EM
A Non-2,3,7,8-sub-TCDF 28:10   10792802 0.77   1.0881       234.6       234.3   0.0362    128.1  RQa
S Total TCDF       528.0       527.7   0.0362   0.0362  RQ

  1,2,3,7,8-PeCDD 40:36      16897 1.60   1.0434      0.7463      0.7463   0.0963   0.0963
A Non-2,3,7,8-sub-PeCDD 39:24       2503 1.55   1.0434       9.542      0.1105   0.0963   0.1105  RQ
S Total PeCDD        10.3      0.8568   0.0963   0.0963  RQ

  1,2,3,7,8-PeCDF 38:48     271330 1.62   1.1898       7.675       7.675   0.0141   0.0141  M
  2,3,4,7,8-PeCDF 40:04     196285 1.64   1.1095       5.152       5.152   0.0134   0.0134
A Non-2,3,7,8-sub-PeCDF 37:59     308098 1.55   1.1496       8.396       8.369   0.0137    3.155  RQMa
S Total PeCDF        21.2        21.2   0.0137   0.0137  RQ

  1,2,3,4,7,8-HxCDD 44:49   0.0197   0.0197
  1,2,3,6,7,8-HxCDD 44:56   0.0194   0.0194
  1,2,3,7,8,9-HxCDD 45:19       3570 1.25   1.2212      0.1191      0.1191   0.0183   0.0183  M
A Non-2,3,7,8-sub-HxCDD 44:17      49966 1.30   1.1700       1.740       1.740   0.0191    1.258
S Total HxCDD       1.860       1.860   0.0191   0.0191

  1,2,3,4,7,8-HxCDF 43:49     537615 1.28   1.3629        12.6        12.6   0.0801   0.0801
  1,2,3,6,7,8-HxCDF 43:57     151735 1.25   1.2762       3.392       3.392   0.0755   0.0755  M
  2,3,4,6,7,8-HxCDF 44:41      14491 1.29   1.2654      0.3412      0.3412   0.0827   0.0827  M
  1,2,3,7,8,9-HxCDF 45:37       8752 1.24   1.2573      0.2429      0.2202   0.1019   0.1019  RQMa
A Non-2,3,7,8-sub-HxCDF 44:08     105030 1.26   1.2905       2.474       2.474   0.0840   0.9522  Ma
S Total HxCDF        19.0        19.0   0.0850   0.0850  RQ

  1,2,3,4,6,7,8-HpCDD 49:39      56778 1.02   1.1204       2.271       2.271   0.0186   0.0186
A Non-2,3,7,8-sub-HpCDD 49:01     135074 1.02   1.1204       5.404       5.404   0.0186    5.404  Ma
S Total HpCDD       7.675       7.675   0.0186   0.0186

  1,2,3,4,6,7,8-HpCDF 47:59     146112 1.01   1.4984       3.143       3.143 0.002457 0.002457
  1,2,3,4,7,8,9-HpCDF 50:19      38321 1.12   1.3807       1.230       1.230 0.004464 0.004464  M
A Non-2,3,7,8-sub-HpCDF 49:31      42972 1.04   1.4395       1.133       1.114 0.003202    1.057  RQa
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       5.505       5.486 0.003461 0.003461  RQ

  OCDD 53:54     986884 0.87   1.2073        39.7        39.7   0.0156   0.0156
  OCDF 54:02      44967 0.91   1.1162       1.372       1.372   0.0410   0.0410
D 13C-2,3,7,8-TCDD 30:48     132346 0.72   1.0709       3.451       3.451   0.1638   0.1638  69.03
D 13C-2,3,7,8-TCDF 28:51     211644 0.74   1.7545       3.369       3.369   0.3868   0.3868  67.38
D 13C-1,2,3,7,8-PeCDD 40:35      98384 1.55   0.8743       3.466       3.143   0.3013   0.3013  69.32  RQ
D 13C-1,2,3,7,8-PeCDF 38:47     148560 1.69   1.3704       3.028       3.028   0.1491   0.1491  60.55
D 13C-2,3,4,7,8-PeCDF 40:03     171686 1.62   1.3837       3.465       3.465   0.1477   0.1477  69.30
D 13C-1,2,3,4,7,8-HxCDD 44:50     119544 1.09   0.8772       3.522       3.522   0.0360   0.0360  70.43
D 13C-1,2,3,6,7,8-HxCDD 44:57     125833 1.08   0.9171       3.546       3.546   0.0344   0.0344  70.91
D 13C-1,2,3,4,7,8-HxCDF 43:48     156989 0.50   1.1892       3.411       3.411   0.1237   0.1237  68.23
D 13C-1,2,3,6,7,8-HxCDF 43:56     175231 0.54   1.4625       3.096       3.096   0.1006   0.1006  61.92
D 13C-2,3,4,6,7,8-HxCDF 44:40     167830 0.57   1.3197       3.286       3.286   0.1115   0.1115  65.73
D 13C-1,2,3,7,8,9-HxCDF 45:37     158033 0.55   1.2001       3.403       3.403   0.1226   0.1226  68.05
D 13C-1,2,3,4,6,7,8-HpCDD 49:38     111552 1.04   0.8155       3.535       3.535   0.0141   0.0141  70.70  M
D 13C-1,2,3,4,6,7,8-HpCDF 47:58     155150 0.39   1.0496       3.820       3.820   0.3463   0.3463  76.39
D 13C-1,2,3,4,7,8,9-HpCDF 50:17     112868 0.51   0.8947       3.260       3.260   0.4063   0.4063  65.20
D 13C-OCDD 53:53     205838 0.91   0.7044       7.551       7.551   0.1401   0.1401  75.51
D 13C-OCDF 54:01     293552 0.98   1.0615       7.146       7.146   0.0589   0.0589  71.46
$ 37Cl4-2,3,7,8-TCDD 30:55      44409   1.2266       1.011       1.011   0.2097   0.2097    101

* 13C-1,2,3,4-TCDD 30:21     358062 0.85  9.1E+04        10.0        10.0

* 13C-1,2,3,7,8,9-HxCDD 45:19     386987 1.36    1E+05        10.0        10.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  E - Exceeded Maximum Amount
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Lims ID: 140-17578-A-12-A         
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 08:03:00 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Sample Info:
Misc. Info.: 140-0014069-012
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 09:14:44 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 09:14:44

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD a
319.8965 30:54 30:54    5  1.003    1149938     122903     61    152   2015 a
321.8936 30:54 30:54    5  1.003    1437534     153780     35     87   4394  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDD

319.8965 27:50 29:27  -96  0.904       6013        873     61    152     14
321.8936 27:51 29:27  -95  0.904       7363        719     35     87     21  0.82(0.65-0.89)

319.8965 28:49 29:27  -38  0.935       2407        370     61    152      6
321.8936 28:45 29:27  -42  0.933       3721        587     35     87     17  0.65(0.65-0.89)

319.8965 30:41 29:27   74  0.996      14983       2084     61    152     34
321.8936 30:38 29:27   71  0.995      19208       2343     35     87     67  0.78(0.65-0.89)

319.8965 31:59 29:27  152  1.038      98183       9820     61    152    161
321.8936 31:59 29:27  152  1.038     122181      12390     35     87    354  0.80(0.65-0.89)

2,3,7,8-TCDF EM
303.9016 28:53 28:53    4  1.001    5974520     620759     59    147  10521 M
305.8987 28:53 28:53    4  1.001    7540453     798655     29     72  27540  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQa

303.9016 23:25 28:10 -284  0.812       7067       1061     59    147     18
305.8987 23:24 28:10 -285  0.811       9432       1274     29     72     44  0.75(0.65-0.89)

303.9016 24:24 28:10 -225  0.846      46315       6204     59    147    105
305.8987 24:24 28:10 -225  0.846      61839       7994     29     72    276  0.75(0.65-0.89)

303.9016 24:40 28:10 -209  0.855       7676        728     59    147     12
305.8987 24:42 28:10 -207  0.856       9435       1188     29     72     41  0.81(0.65-0.89)

303.9016 25:06 28:10 -183  0.870     254560      28490     59    147    483
305.8987 25:07 28:10 -182  0.871     330824      42966     29     72   1482  0.77(0.65-0.89)

303.9016 25:44 28:10 -146  0.892      73818      13348     59    147    226
Empc Correction      60475      12075     59    147    205

305.8987 25:43 28:10 -147  0.891      78540      15683     29     72    541  0.94(0.65-0.89)
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 25:51 28:10 -139  0.896     259851      33300     59    147    564
305.8987 25:50 28:10 -140  0.895     337491      40757     29     72   1405  0.77(0.65-0.89)

303.9016 26:18 28:10 -111  0.912      52537       7109     59    147    120
305.8987 26:17 28:10 -112  0.911      63198       8155     29     72    281  0.83(0.65-0.89)

303.9016 26:30 28:10  -99  0.919     163498      20644     59    147    350
305.8987 26:30 28:10  -99  0.919     211910      26287     29     72    906  0.77(0.65-0.89)

303.9016 27:02 28:10  -68  0.937     246028      30031     59    147    509
305.8987 27:02 28:10  -68  0.937     311584      37239     29     72   1284  0.79(0.65-0.89)

303.9016 27:18 28:10  -52  0.946      28121       4125     59    147     70
305.8987 27:18 28:10  -52  0.946      32222       3987     29     72    137  0.87(0.65-0.89)

303.9016 27:47 28:10  -23  0.963    2626293     312929     59    147   5304
305.8987 27:47 28:10  -23  0.963    3273194     390198     29     72  13455  0.80(0.65-0.89)

303.9016 28:24 28:10   15  0.985     126920      14416     59    147    244
305.8987 28:24 28:10   15  0.985     163927      17982     29     72    620  0.77(0.65-0.89)

303.9016 30:06 28:10  115  1.043     383272      41155     59    147    698
305.8987 30:06 28:10  115  1.043     490206      52694     29     72   1817  0.78(0.65-0.89)

303.9016 30:47 28:10  157  1.067      86242       8929     59    147    151
305.8987 30:47 28:10  157  1.067     118311      11750     29     72    405  0.73(0.65-0.89)

303.9016 33:55 28:10  344  1.176     422902      44496     59    147    754 a
305.8987 33:56 28:10  345  1.176     528932      55476     29     72   1913  0.80(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 40:36 40:36    3  1.000      10388       2321     21     52    111
357.8516 40:36 40:36    3  1.000       6509       1629    174    435      9  1.60(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 37:39 39:24 -105  0.928       1522        235     21     52     11
357.8516 37:47 39:24  -97  0.931     214530      39338    174    435    226  0.01(1.32-1.78)

Empc Correction        981        151    174    435      1

1,2,3,7,8-PeCDF M
339.8597 38:48 38:48    3  1.000     167822      31881     21     52   1518 M
341.8567 38:48 38:48    3  1.000     103508      20668     23     57    899  1.62(1.32-1.78) M

2,3,4,7,8-PeCDF
339.8597 40:04 40:04    3  1.000     122009      28314     21     52   1348
341.8567 40:04 40:04    3  1.000      74276      16166     23     57    703  1.64(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 34:48 37:59 -190  0.897       3380        437     21     52     21
341.8567 34:45 37:59 -193  0.896       2451        318     23     57     14  1.38(1.32-1.78)

339.8597 37:18 37:59  -40  0.962      71276      12257     21     52    584
341.8567 37:18 37:59  -40  0.962      44897       8045     23     57    350  1.59(1.32-1.78)

339.8597 38:16 37:59   18  0.987       7929       1083     21     52     52
341.8567 38:17 37:59   19  0.987       4555        719     23     57     31  1.74(1.32-1.78)

339.8597 38:44 37:59   45  0.999      16855       4772     21     52    227 M
341.8567 38:44 37:59   45  0.999      11603       3356     23     57    146  1.45(1.32-1.78)

339.8597 39:06 37:59   67  1.008       4113        602     21     52     29
341.8567 39:05 37:59   66  1.008       2703        408     23     57     18  1.52(1.32-1.78)
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

339.8597 39:20 37:59   82  1.014      47783      10547     21     52    502
341.8567 39:20 37:59   82  1.014      31390       6493     23     57    282  1.52(1.32-1.78)

339.8597 40:18 37:59  139  1.039      29043       6167     21     52    294
341.8567 40:18 37:59  139  1.039      19186       3814     23     57    166  1.51(1.32-1.78)

339.8597 41:23 37:59  204  1.067       7657       1878     21     52     89 a
Empc Correction       6646       1611     21     52     77

341.8567 41:22 37:59  203  1.067       4288       1040     23     57     45  1.79(1.32-1.78) M

1,2,3,4,7,8-HxCDD
389.8158 44:51      28      70
391.8127 44:51      25      62

1,2,3,6,7,8-HxCDD
389.8158 44:58      28      70
391.8127 44:58      25      62

1,2,3,7,8,9-HxCDD M
389.8158 45:19 45:20    1  1.011       1984        463     28     70     17
391.8127 45:20 45:20    2  1.011       1586        354     25     62     14  1.25(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD

389.8158 43:17 44:17  -60  0.963      20859       5446     28     70    195
391.8127 43:17 44:17  -60  0.963      15264       4281     25     62    171  1.37(1.05-1.43)

389.8158 43:51 44:17  -25  0.976        716        226     28     70      8
391.8127 43:51 44:17  -25  0.976        630        199     25     62      8  1.14(1.05-1.43)

389.8158 44:09 44:17   -8  0.982       6677       1697     28     70     61
391.8127 44:09 44:17   -8  0.982       5820       1278     25     62     51  1.15(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 43:49 43:49    2  1.000     302310      83457     97    242    860
375.8178 43:49 43:49    2  1.000     235305      64306    250    625    257  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDF M
373.8208 43:57 43:57    2  1.000      84194      20526     97    242    212 M
375.8178 43:57 43:57    2  1.000      67541      16481    250    625     66  1.25(1.05-1.43)

2,3,4,6,7,8-HxCDF M
373.8208 44:41 44:41    3  1.000       8172       2309     97    242     24
375.8178 44:41 44:41    3  1.000       6319       1583    250    625      6  1.29(1.05-1.43) M

1,2,3,7,8,9-HxCDF RQMa
373.8208 45:37 45:37    2  1.000       4845       1095     97    242     11 M
375.8178 45:37 45:37    2  1.000       4809       1180    250    625      5  1.01(1.05-1.43)

Empc Correction       3907        883    250    625      4

A Non-2,3,7,8-sub-HxCDF Ma

373.8208 42:46 44:08  -81  0.973      21658       6183     97    242     64 a
375.8178 42:46 44:08  -81  0.973      18773       5200    250    625     21  1.15(1.05-1.43)

373.8208 43:22 44:08  -46  0.987      11974       3254     97    242     34 a
375.8178 43:22 44:08  -46  0.987       8528       2519    250    625     10  1.40(1.05-1.43)

373.8208 44:35 44:08   27  1.015       8438       1311     97    242     14 M
375.8178 44:34 44:08   26  1.014       6386       1051    250    625      4  1.32(1.05-1.43)

373.8208 45:44 44:08   96  1.041      16527       3580     97    242     37 M
375.8178 45:45 44:08   97  1.041      12746       2862    250    625     11  1.30(1.05-1.43)
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,7,8-HpCDD
423.7767 49:39 49:39    3  1.000      28614       5532      6     15    922
425.7737 49:39 49:39    3  1.000      28164       4679     31     77    151  1.02(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD Ma

423.7767 48:17 49:01  -44  0.000      6     15
425.7737 48:17 49:01  -44  0.000     31     77  0.00(0.88-1.20)

423.7767 48:19 49:01  -42  0.000      6     15
425.7737 48:19 49:01  -42  0.000     31     77  0.00(0.88-1.20)

423.7767 48:28 49:01  -33  0.977      68055      14100      6     15   2350 M
425.7737 48:28 49:01  -33  0.977      67019      13603     31     77    439  1.02(0.88-1.20) M

1,2,3,4,6,7,8-HpCDF
407.7817 47:59 48:00    2  1.000      73500      14820      6     15   2470
409.7788 47:59 48:00    2  1.000      72612      15602      5     12   3120  1.01(0.88-1.20)

1,2,3,4,7,8,9-HpCDF M
407.7817 50:19 50:19    3  1.001      20284       4498      6     15    750 M
409.7788 50:19 50:19    3  1.001      18037       3192      5     12    638  1.12(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDF RQa

407.7817 48:22 49:31  -69  1.008       1855        257      6     15     43 a
Empc Correction       1109        268      6     15     45

409.7788 48:22 49:31  -69  1.008       1067        258      5     12     52  1.74(0.88-1.20)

407.7817 48:36 49:31  -55  1.013      20542       3764      6     15    627 a
409.7788 48:37 49:31  -54  1.014      20254       4036      5     12    807  1.01(0.88-1.20)

OCDD
457.7377 53:54 53:53    3  1.000     459788     102836     19     47   5412
459.7348 53:54 53:53    3  1.000     527096     111105     15     37   7407  0.87(0.76-1.02)

OCDF
441.7428 54:02 54:01    3  1.000      21444       5253     37     92    142
443.7399 54:02 54:01    3  1.000      23523       4944     89    222     56  0.91(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 30:48 30:51    3  1.015      55614       5676    204    510     28
333.9338 30:50 30:51    5  1.016      76732       8752     75    187    117  0.72(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:51 28:51    5  0.951      90250      11861    554   1385     21
317.9389 28:52 28:51    6  0.951     121394      16099    525   1312     31  0.74(0.65-0.89)

13C-1,2,3,7,8-PeCDD RQ
367.8949 40:35 40:40    3  1.337      69916      16066    269    672     60

Empc Correction      59802      12675    269    672     47
369.8919 40:34 40:40    2  1.337      38582       8178    150    375     55  1.81(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:47 38:52    3  1.278      93388      20784    166    415    125
353.8970 38:47 38:52    3  1.278      55172      12098    159    397     76  1.69(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:03 40:08    3  1.320     106106      23394    166    415    141
353.8970 40:03 40:08    3  1.320      65580      13642    159    397     86  1.62(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:50 44:50    2  0.989      62411      16687     69    172    242
403.8529 44:50 44:50    2  0.989      57133      12649     41    102    309  1.09(1.05-1.43)
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 44:57 44:57    2  0.992      65352      15819     69    172    229
403.8529 44:57 44:57    2  0.992      60481      13841     41    102    338  1.08(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:48 43:48    2  0.966      52537      13123    329    822     40
385.8610 43:48 43:48    2  0.966     104452      26606    184    460    145  0.50(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:56 43:56    2  0.969      61534      15637    329    822     48
385.8610 43:56 43:56    2  0.969     113697      29339    184    460    159  0.54(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:40 44:39    3  0.985      60925      13541    329    822     41
385.8610 44:40 44:39    3  0.985     106905      27894    184    460    152  0.57(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:37 45:36    3  1.006      56124      12006    329    822     36
385.8610 45:36 45:36    2  1.006     101909      21836    184    460    119  0.55(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD M
435.8169 49:38 49:38    3  1.095      56964      10515     13     32    809 M
437.8140 49:38 49:38    3  1.095      54588      11514     27     67    426  1.04(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:58 47:57    3  1.058      43660      10394   1151   2877      9
419.8220 47:58 47:57    3  1.058     111490      26271    116    290    226  0.39(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:17 50:17    2  1.109      38049       6537   1151   2877      6
419.8220 50:18 50:17    3  1.110      74819      15367    116    290    132  0.51(0.37-0.51)

13C-OCDD
469.7780 53:53 53:53    2  1.189      98319      19607    187    467    105
471.7750 53:53 53:53    2  1.189     107519      25535    157    392    163  0.91(0.76-1.02)

13C-OCDF
453.7830 54:01 54:01    2  1.192     145494      33644    125    312    269
455.7801 54:01 54:01    2  1.192     148058      35163     93    232    378  0.98(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:55 30:53    8  1.019      44409       4258    409   1022     10

13C-1,2,3,4-TCDD
331.9368 30:21 30:15    6     164909      18837    204    510     92
333.9338 30:21 30:15    6     193153      20904     75    187    279  0.85(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:19 45:17    2     223117      48845     69    172    708
403.8529 45:19 45:17    2     163870      38277     41    102    934  1.36(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  E - Exceeded Maximum Amount
  Q - EMPC-Estimated Max. Possible Conc.
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Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Lims ID: 140-17578-A-12-A
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 08:03:00 Dil. Factor: 10.0000    
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 12

Non-2,3,7,8-sub-TCDD, RT: 29.435

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000          132346           14428
Averages:

RRFn Qis Ris Area Ris Height
  1.173          5.000          132346           14428

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

27:50              6013               873              7363               719      0.4307 0.82
28:49              2407               370              3721               587      0.1973 0.65
30:41             14983              2084             19208              2343        1.10 0.78
31:59             98183              9820            122181             12390        7.10 0.80
Signal Totals:

           121586             13147            152473             16039
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           274059             29186 0.80

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          8.825 = (274059 * 5.000) / (132346 * 1.173)
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Lims ID: 140-17578-A-12-A
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 08:03:00 Dil. Factor: 10.0000    
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 12

Non-2,3,7,8-sub-TCDF, RT: 28.156

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000          211644           27960
Averages:

RRFn Qis Ris Area Ris Height
  1.088          5.000          211644           27960

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:25              7067              1061              9432              1274      0.3582 0.75
24:24             46315              6204             61839              7994        2.35 0.75
24:40              7676               728              9435              1188      0.3715 0.81
25:06            254560             28490            330824             42966        12.7 0.77
25:44             73818             13348             78540             15683        3.31 0.94 RQ
25:44             60475             12075             78540             15683        3.02 Empc Correction
25:51            259851             33300            337491             40757        13.0 0.77
26:18             52537              7109             63198              8155        2.51 0.83
26:30            163498             20644            211910             26287        8.15 0.77
27:02            246028             30031            311584             37239        12.1 0.79
27:18             28121              4125             32222              3987        1.31 0.87
27:47           2626293            312929           3273194            390198       128.1 0.80
28:24            126920             14416            163927             17982        6.31 0.77
30:06            383272             41155            490206             52694        19.0 0.78
30:47             86242              8929            118311             11750        4.44 0.73
33:55            422902             44496            528932             55476        20.7 0.80 a
Signal Totals:

          4771757            565692           6021045            713630
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         10806145          1280595 0.79 RQa
         10792802          1279322 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:        234.610 = (10806145 * 5.000) / (211644 * 1.088)
Empc Amount:        234.321 = (10792802 * 5.000) / (211644 * 1.088)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Lims ID: 140-17578-A-12-A
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 08:03:00 Dil. Factor: 10.0000    
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 12

Non-2,3,7,8-sub-PeCDD, RT: 39.399

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000          108498           24244
Averages:

RRFn Qis Ris Area Ris Height
  1.043          5.000          108498           24244

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:39              1522               235            214530             39338        9.54 0.01 RQ
37:39              1522               235               981               151      0.1105 Empc Correction
Signal Totals:

             1522               235               981               151
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           216052             39573 0.01 RQ
             2503               386 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          9.542 = (216052 * 5.000) / (108498 * 1.043)
Empc Amount:         0.1105 = (2503 * 5.000) / (108498 * 1.043)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Lims ID: 140-17578-A-12-A
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 08:03:00 Dil. Factor: 10.0000    
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 12

Non-2,3,7,8-sub-PeCDF, RT: 37.968

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000          148560           32882
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000          171686           37036
Averages:

RRFn Qis Ris Area Ris Height
  1.150          5.000          160123           34959

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:48              3380               437              2451               318      0.1584 1.38
37:18             71276             12257             44897              8045        3.16 1.59
38:16              7929              1083              4555               719      0.3391 1.74
38:44             16855              4772             11603              3356      0.7730 1.45 Ma
39:06              4113               602              2703               408      0.1851 1.52
39:20             47783             10547             31390              6493        2.15 1.52
40:18             29043              6167             19186              3814        1.31 1.51
41:23              7657              1878              4288              1040      0.3244 1.79 RQM
41:23              6646              1611              4288              1040      0.2970 Empc Correction
Signal Totals:

           187025             37476            121073             24193
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           309109             61936 1.55 RQMa
           308098             61669 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          8.396 = (309109 * 5.000) / (160123 * 1.150)
Empc Amount:          8.369 = (308098 * 5.000) / (160123 * 1.150)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Lims ID: 140-17578-A-12-A
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 08:03:00 Dil. Factor: 10.0000    
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 12

Non-2,3,7,8-sub-HxCDD, RT: 44.269

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000          119544           29336
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000          125833           29660
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170          5.000          122688           29498

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:17             20859              5446             15264              4281        1.26 1.37
43:51               716               226               630               199      0.0469 1.14
44:09              6677              1697              5820              1278      0.4353 1.15
Signal Totals:

            28252              7369             21714              5758
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            49966             13127 1.30

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.740 = (49966 * 5.000) / (122688 * 1.170)
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Lims ID: 140-17578-A-12-A
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 08:03:00 Dil. Factor: 10.0000    
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 12

Non-2,3,7,8-sub-HxCDF, RT: 44.125

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000          156989           39729
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000          175231           44976
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000          167830           41435
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000          158033           33842
Averages:

RRFn Qis Ris Area Ris Height
  1.290          5.000          164520           39995

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:46             21658              6183             18773              5200      0.9522 1.15 a
43:22             11974              3254              8528              2519      0.4828 1.40 a
44:35              8438              1311              6386              1051      0.3491 1.32 Ma
45:44             16527              3580             12746              2862      0.6894 1.30 Ma
Signal Totals:

            58597             14328             46433             11632
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           105030             25960 1.26 Ma

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.474 = (105030 * 5.000) / (164520 * 1.290)

QC Flag Legend

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Lims ID: 140-17578-A-12-A
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 08:03:00 Dil. Factor: 10.0000    
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 12

Non-2,3,7,8-sub-HpCDD, RT: 49.003

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000          111552           22029
Averages:

RRFn Qis Ris Area Ris Height
  1.120          5.000          111552           22029

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:17                 0                 0                 0                 0 0.00
48:19                 0                 0                 0                 0 0.00
48:28             68055             14100             67019             13603        5.40 1.02 M
Signal Totals:

            68055             14100             67019             13603
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           135074             27703 1.02 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.404 = (135074 * 5.000) / (111552 * 1.120)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Lims ID: 140-17578-A-12-A
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 08:03:00 Dil. Factor: 10.0000    
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 12

Non-2,3,7,8-sub-HpCDF, RT: 49.509

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000          155150           36665
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000          112868           21904
Averages:

RRFn Qis Ris Area Ris Height
  1.440          5.000          134009           29284

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:22              1855               257              1067               258      0.0757 1.74 RQa
48:22              1109               268              1067               258      0.0564 Empc Correction
48:36             20542              3764             20254              4036        1.06 1.01 a
Signal Totals:

            21651              4032             21321              4294
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            43718              8315 1.05 RQa
            42972              8326 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.133 = (43718 * 5.000) / (134009 * 1.440)
Empc Amount:          1.114 = (42972 * 5.000) / (134009 * 1.440)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
TCDD
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TCDD Standards
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13C-2,3,7,8-TCDD
          30.82

33.59
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
TCDD
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F1:m/z     319.8965

2,3,7,8-TCDD
          30.89
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2,3,7,8-TCDD
          30.89

TCDD Lock Mass
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Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  30.81
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Manual Integration Results
RT:  30.89
Area: 1149938
Amount:   83.316491
Amount Units: pg/ul
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 3
0.

89
2

Reviewer: davidsonm, 18-Dec-2019 09:07:53
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
37Cl4-TCDD
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F1:m/z     327.8847

24.24

21.53

27.59
18.31

16.75 20.60 25.60
37Cl4-2,3,7,8-TCDD
          30.9122.71 25.89

37Cl4-TCDD Standards
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13C-1,2,3,4-TCDD
          30.34

13C-2,3,7,8-TCDD
          30.79
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F1:m/z     333.9338

13C-1,2,3,4-TCDD
          30.34

13C-2,3,7,8-TCDD
          30.82

33.59
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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F1:m/z     327.8847

24.24

21.53

27.59

18.31
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37Cl4-2,3,7,8-TCDD
          30.9122.71 25.89

37Cl4-TCDD Lock Mass
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F1:m/z     313.9834
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
TCDF
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F1:m/z     303.9016
2,3,7,8-TCDF
          28.87
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F1:m/z     305.8987
2,3,7,8-TCDF
          28.87

TCDF Standards
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          28.85
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Report Date: 18-Dec-2019 09:14:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min
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F1:m/z     303.9016

2,3,7,8-TCDF
          28.87
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F1:m/z     305.8987

2,3,7,8-TCDF
          28.87

TCDF Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min
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F1:m/z     313.9834
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min
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F1:m/z     303.9016

2,3,7,8-TCDF
          28.87
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F1:m/z     305.8987

2,3,7,8-TCDF
          28.87

TCDF Interference Mass
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12.66 19.1915.57

17.09
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25.98
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  28.87
Area: 5947737
Amount:    292.8399
Amount Units: pg/ul
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Manual Integration Results
RT:  28.87
Area: 5974520
Amount:    293.4214
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:09:13
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
PeCDD
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PeCDD Standards
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
PeCDD
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          37.78
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1,2,3,7,8-PeCDD
          40.5934.71

PeCDD Lock Mass
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
PeCDF
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Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          40.30

Non-2,3,7,8-sub-PeCDF
          34.80
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Non-2,3,7,8-sub-PeCDF
          40.30

Non-2,3,7,8-sub-PeCDF
          34.74

PeCDF Standards
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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F2:m/z     339.8597

1,2,3,7,8-PeCDF
          38.80

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          40.30

Non-2,3,7,8-sub-PeCDF
          34.80
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          40.05

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          40.30

Non-2,3,7,8-sub-PeCDF
          34.74

PeCDF Lock Mass
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
PeCDF
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Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
)

F2:m/z     339.8597
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          38.80

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          40.30

Non-2,3,7,8-sub-PeCDF
          34.80

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F2:m/z     341.8567

1,2,3,7,8-PeCDF
          38.80

2,3,4,7,8-PeCDF
          40.05

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          40.30
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.80
Area: 184687
Amount:    8.480646
Amount Units: pg/ul
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Manual Integration Results
RT:  38.80
Area: 167822
Amount:    7.675347
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:09:47
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.80
Area: 115111
Amount:    8.480646
Amount Units: pg/ul
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Manual Integration Results
RT:  38.80
Area: 103508
Amount:    7.675347
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:09:50
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.56- 41.38)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.56- 41.38
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Manual Integration Results
RT = 38.727 Area = 16855 M
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Reviewer: davidsonm, 18-Dec-2019 09:10:02
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.56- 41.38)
Signal: 2

Processing Integration Results
RT = 41.364 Area = 4980
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Manual Integration Results
RT = 41.364 Area = 4288 M
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Reviewer: davidsonm, 18-Dec-2019 09:10:11
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
HxCDD
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          43.27
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HxCDD Lock Mass
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  45.33
Area: 1836
Amount:    0.127484
Amount Units: pg/ul
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Manual Integration Results
RT:  45.33
Area: 1586
Amount:    0.119140
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:10:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
HxCDF
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          43.95

Non-2,3,7,8-sub-HxCDF
          42.77 Non-2,3,7,8-sub-HxCDF

          45.72
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          43.95
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          42.77 Non-2,3,7,8-sub-HxCDF

          45.74

HxCDF Lock Mass
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
HxCDF
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          43.95

Non-2,3,7,8-sub-HxCDF
          42.77 Non-2,3,7,8-sub-HxCDF

          45.72
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          43.95
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          42.77 Non-2,3,7,8-sub-HxCDF

          45.74

HxCDF Interference Mass
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  43.95
Area: 86509
Amount:    3.444205
Amount Units: pg/ul
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Manual Integration Results
RT:  43.95
Area: 84194
Amount:    3.392447
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:10:55
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
RT:  44.67
Area: 12275
Amount:    0.481401
Amount Units: pg/ul
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Manual Integration Results
RT:  44.67
Area: 6319
Amount:    0.341174
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:11:12
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  45.57
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Manual Integration Results
RT:  45.60
Area: 4809
Amount:    0.242929
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:11:41
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  45.57
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Manual Integration Results
RT:  45.60
Area: 4845
Amount:    0.242929
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:13:07
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.50- 45.75)
Signal: 1

Processing Integration Results
Not Detected
RT:  42.50- 45.75
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Manual Integration Results
RT = 44.573 Area = 8438 M

43.9 44.1 44.3 44.5 44.7 44.9 45.1
Min

-1

5

11

17

23

29

35

41

47

53

59

65

71

77

83

Y
 ( 

X
10

00
)

F3:m/z     373.8208

Reviewer: davidsonm, 18-Dec-2019 09:12:47
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.50- 45.75)
Signal: 1

Processing Integration Results
RT = 45.721 Area = 21373
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Manual Integration Results
RT = 45.721 Area = 16527 M

45.1 45.3 45.5 45.7 45.9 46.1 46.3 46.5
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

Y
 ( 

X
10

00
)

F3:m/z     373.8208

Reviewer: davidsonm, 18-Dec-2019 09:12:47
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
HpCDD
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          48.46
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HpCDD Lock Mass
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDD, Signal: 1,   m/z: 423.7767, RT: ( 48.36- 49.64)
Signal: 1

Processing Integration Results
RT = 48.460 Area = 70701
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Manual Integration Results
RT = 48.460 Area = 68055 M
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Reviewer: davidsonm, 18-Dec-2019 09:13:30
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDD, Signal: 2,   m/z: 425.7737, RT: ( 48.36- 49.64)
Signal: 2

Processing Integration Results
RT = 48.460 Area = 69709
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Manual Integration Results
RT = 48.460 Area = 67019 M
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Reviewer: davidsonm, 18-Dec-2019 09:13:36
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

13C-1,2,3,4,6,7,8-HpCDD, CAS: 109719-83-7
Signal: 1

Processing Integration Results
RT:  49.63
Area: 49971
Amount:    3.313216
Amount Units: pg/ul
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Manual Integration Results
RT:  49.63
Area: 56964
Amount:    3.534806
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:13:53
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 2

Processing Integration Results
RT:  50.30
Area: 15637
Amount:    1.205965
Amount Units: pg/ul
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Manual Integration Results
RT:  50.30
Area: 18037
Amount:    1.229515
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:14:11
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  50.30
Area: 21950
Amount:    1.205965
Amount Units: pg/ul
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Manual Integration Results
RT:  50.30
Area: 20284
Amount:    1.229515
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 09:14:21
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 09:14:45 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-aa.d
Injection Date: 18-Dec-2019 08:03:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 12
Column Type: Column Dia:
OCDF
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-12

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-12-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

15

HRMS-Sox

12/18/2019  09:16

Low1(uL)

20(uL)

% Moisture: 39.1

Sample wt/vol: 9.90(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

25 1251207-31-9 2,3,7,8-TCDF 3900

%RECCAS NO. LIMITSQISOTOPE DILUTION

121 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B

Page 1156 of 2476



Report Date: 18-Dec-2019 10:05:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-a.d
Lims ID: 140-17578-A-12-A         
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 09:16:00 ALS Bottle#: 0 Worklist Smp#: 16
Injection Vol: 1.0 ul Dil. Factor: 15.0000    
Sample Info:
Misc. Info.: 140-0014071-016
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 10:05:39 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 10:05:39

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:41    1827328 0.81   1.2213        51.4        51.4   0.1960   0.1960
  2,3,7,8-TCDF 22:12    8352964 0.81   1.1100        78.5        78.5   0.2333   0.2333  a
D 13C-2,3,7,8-TCDD 19:39      97025 0.69   1.0031       1.971       1.971    1.209    1.209  59.13  M
D 13C-2,3,7,8-TCDF 22:07     319404 0.73   1.6193       4.019       4.019   0.1785   0.1785    121
$ 37Cl4-2,3,7,8-TCDD 19:40      34026   1.1834      0.5859      0.5859   0.0694   0.0694  87.88

* 13C-1,2,3,4-TCDD 20:07     327173 0.82  1.6E+05       6.667       6.667  M

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 10:05:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-a.d
Lims ID: 140-17578-A-12-A         
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 09:16:00 ALS Bottle#: 0 Worklist Smp#: 16
Injection Vol: 1.0 ul Dil. Factor: 15.0000    
Sample Info:
Misc. Info.: 140-0014071-016
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 10:05:39 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 10:05:39

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:41 19:40   -2  1.002     817962     130104    268    670    485
321.8936 19:41 19:40   -2  1.002    1009366     159957    168    420    952  0.81(0.65-0.89)

2,3,7,8-TCDF a
303.9016 22:12 22:12   -3  1.004    3730917     488221    531   1327    919 a
305.8987 22:12 22:12   -3  1.004    4622047     599872    637   1592    942  0.81(0.65-0.89)

13C-2,3,7,8-TCDD M
331.9368 19:39 19:38   -3  0.977      39751       6428   1274   3185      5 M
333.9338 19:38 19:38   -4  0.976      57274       8749   1925   4812      5  0.69(0.65-0.89) M

13C-2,3,7,8-TCDF
315.9419 22:07 22:11   -6  1.100     135090      16457    306    765     54
317.9389 22:08 22:11   -5  1.100     184314      21126    457   1142     46  0.73(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:40 19:41   -3  0.977      34026       5744    217    542     26

13C-1,2,3,4-TCDD M
331.9368 20:07 20:09   -2     147515      20885   1274   3185     16 M
333.9338 20:06 20:09   -3     179658      23091   1925   4812     12  0.82(0.65-0.89)

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 10:05:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-a.d
Injection Date: 18-Dec-2019 09:16:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36167 Sample Line#: 16
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 10:05:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-a.d
Injection Date: 18-Dec-2019 09:16:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36167 Sample Line#: 16
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 10:05:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-a.d
Injection Date: 18-Dec-2019 09:16:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36167 Sample Line#: 16
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 10:05:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-a.d
Injection Date: 18-Dec-2019 09:16:00 Instrument ID: D12C
Lims ID: 140-17578-A-12-A         Lab Sample ID: 140-17578-12             
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 16
Injection Vol: 1.0 ul Dil. Factor: 15.0000    
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  22.25
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Manual Integration Results
RT:  22.20
Area: 3730917
Amount:   78.531440
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:05:28
Audit Action: Assigned Compound ID Audit Reason: Baseline
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-DUP1

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-13

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-13-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  00:00

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  02:58

Low1(uL)

20(uL)

% Moisture: 45.0

Sample wt/vol: 9.84(g)

N

Analysis Batch No.: 36166 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.8 0.561746-01-6 2,3,7,8-TCDD 360

1.8 0.56B q41903-57-5 Total TCDD 420

9.2 0.18J40321-76-4 1,2,3,7,8-PeCDD 7.7

9.2 0.18q36088-22-9 Total PeCDD 11

9.2 0.064J q39227-28-6 1,2,3,4,7,8-HxCDD 0.71

9.2 0.063J57653-85-7 1,2,3,6,7,8-HxCDD 0.91

9.2 0.059J19408-74-3 1,2,3,7,8,9-HxCDD 1.2

9.2 0.062B q34465-46-8 Total HxCDD 18

9.2 0.25B35822-46-9 1,2,3,4,6,7,8-HpCDD 12

9.2 0.25B37871-00-4 Total HpCDD 42

18 0.067B3268-87-9 OCDD 230

1.8 0.57B q30402-14-3 Total TCDF 4500

9.2 0.2357117-41-6 1,2,3,7,8-PeCDF 160

9.2 0.2257117-31-4 2,3,4,7,8-PeCDF 190

9.2 0.22I30402-15-4 Total PeCDF 530

9.2 0.7870648-26-9 1,2,3,4,7,8-HxCDF 120

9.2 0.7757117-44-9 1,2,3,6,7,8-HxCDF 31

9.2 0.8860851-34-5 2,3,4,6,7,8-HxCDF 9.5

9.2 1.1J72918-21-9 1,2,3,7,8,9-HxCDF 2.8

9.2 0.89q55684-94-1 Total HxCDF 190

9.2 0.077B67562-39-4 1,2,3,4,6,7,8-HpCDF 19

9.2 0.12B55673-89-7 1,2,3,4,7,8,9-HpCDF 9.3

9.2 0.099B q38998-75-3 Total HpCDF 34

18 0.079J B39001-02-0 OCDF 9.0

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-DUP1

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-13

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-13-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  00:00

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  02:58

Low1(uL)

20(uL)

% Moisture: 45.0

Sample wt/vol: 9.84(g)

N

Analysis Batch No.: 36166 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

65 25-16476523-40-5 13C-2,3,7,8-TCDD

60 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

69 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

71 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

64 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

53 17-157114423-97-1 13C-OCDD

65 24-16989059-46-1 13C-2,3,7,8-TCDF

60 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

59 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

71 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

69 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

65 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

64 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

64 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

62 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

56 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

75 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A         
Client ID: 11187072-120619-SS-DUP1
Sample Type: Client
Inject. Date: 18-Dec-2019 02:58:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-007
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 08:00:20 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 08:00:20

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:53    1810720 0.79   1.1733        98.7        98.7   0.1516   0.1516
A Non-2,3,7,8-sub-TCDD 29:27     260045 0.77   1.1733        14.4        14.2   0.1516     11.0  RQM
S Total TCDD       113.0       112.8   0.1516   0.1516  RQ

  2,3,7,8-TCDF 28:54   18655580 0.79   1.0881       674.5       674.5   0.1544   0.1544  E
A Non-2,3,7,8-sub-TCDF 28:10   14708045 0.77   1.0881       532.1       531.8   0.1544    306.1  RQM
S Total TCDF      1206.6      1206.3   0.1544   0.1544  RQ

  1,2,3,7,8-PeCDD 40:36      25613 1.55   1.0434       2.089       2.089   0.0495   0.0495  M
A Non-2,3,7,8-sub-PeCDD 39:24      11991 1.55   1.0434       1.178      0.9780   0.0495   0.3752  RQ
S Total PeCDD       3.267       3.067   0.0495   0.0495  RQ

  1,2,3,7,8-PeCDF 38:49     959024 1.58   1.1898        43.9        43.9   0.0614   0.0614  M
  2,3,4,7,8-PeCDF 40:03    1055816 1.58   1.1095        52.5        52.5   0.0584   0.0584
A Non-2,3,7,8-sub-PeCDF 37:59     969133 1.58   1.1496        46.2        46.2   0.0598     16.1  Ma
S Total PeCDF       142.5       142.5   0.0599   0.0599

  1,2,3,4,7,8-HxCDD 44:52       2681 1.24   1.1409      0.2133      0.1923   0.0173   0.0173  RQ
  1,2,3,6,7,8-HxCDD 44:59       3692 1.22   1.1481      0.2452      0.2452   0.0170   0.0170
  1,2,3,7,8,9-HxCDD 45:21       4939 1.29   1.2212      0.3193      0.3193   0.0161   0.0161  M
A Non-2,3,7,8-sub-HxCDD 44:17      60444 1.24   1.1700       4.137       4.078   0.0168    3.123  RQ
S Total HxCDD       4.915       4.834   0.0168   0.0168  RQ

  1,2,3,4,7,8-HxCDF 43:50     775527 1.28   1.3629        33.1        33.1   0.2122   0.2122
  1,2,3,6,7,8-HxCDF 43:57     220210 1.29   1.2762       8.455       8.455   0.2087   0.2087  M
  2,3,4,6,7,8-HxCDF 44:40      56558 1.27   1.2654       2.573       2.573   0.2383   0.2383  M
  1,2,3,7,8,9-HxCDF 45:37      14672 1.40   1.2573      0.7466      0.7466   0.3089   0.3089
A Non-2,3,7,8-sub-HxCDF 44:08     162375 1.24   1.2905       7.241       7.127   0.2366    2.547  RQMa
S Total HxCDF        52.1        52.0   0.2420   0.2420  RQ

  1,2,3,4,6,7,8-HpCDD 49:39      40023 0.99   1.1204       3.380       3.380   0.0679   0.0679  M
A Non-2,3,7,8-sub-HpCDD 49:01      94199 1.02   1.1204       7.955       7.955   0.0679    7.955  M
S Total HpCDD        11.3        11.3   0.0679   0.0679

  1,2,3,4,6,7,8-HpCDF 47:59     106043 1.02   1.4984       5.167       5.167   0.0209   0.0209
  1,2,3,4,7,8,9-HpCDF 50:18      39036 1.06   1.3807       2.530       2.530   0.0327   0.0327  M
A Non-2,3,7,8-sub-HpCDF 49:31      28781 1.04   1.4395       1.631       1.608   0.0257    1.448  RQM
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       9.329       9.305   0.0268   0.0268  RQ

  OCDD 53:53     561407 0.98   1.2073        61.4        61.4   0.0181   0.0181
  OCDF 54:02      32461 0.80   1.1162       2.423       2.423   0.0214   0.0214  M
D 13C-2,3,7,8-TCDD 30:50     782002 0.79   1.0709        32.7        32.7   0.4139   0.4139  65.33
D 13C-2,3,7,8-TCDF 28:51    1270842 0.79   1.7545        32.4        32.4   0.4533   0.4533  64.81
D 13C-1,2,3,7,8-PeCDD 40:34     587529 1.60   0.8743        30.1        30.1   0.8992   0.8992  60.13
D 13C-1,2,3,7,8-PeCDF 38:47     918521 1.57   1.3704        30.0        30.0   0.4705   0.4705  59.97
D 13C-2,3,4,7,8-PeCDF 40:02     906700 1.62   1.3837        29.3        29.3   0.4660   0.4660  58.63
D 13C-1,2,3,4,7,8-HxCDD 44:50     611032 1.35   0.8772        34.4        34.4   0.1658   0.1658  68.73
D 13C-1,2,3,6,7,8-HxCDD 44:57     655832 1.40   0.9171        35.3        35.3   0.1585   0.1585  70.56
D 13C-1,2,3,4,7,8-HxCDF 43:49     860542 0.54   1.1892        35.7        35.7   0.2371   0.2371  71.40
D 13C-1,2,3,6,7,8-HxCDF 43:56    1020389 0.51   1.4625        34.4        34.4   0.1928   0.1928  68.85
D 13C-2,3,4,6,7,8-HxCDF 44:39     868613 0.53   1.3197        32.5        32.5   0.2136   0.2136  64.95
D 13C-1,2,3,7,8,9-HxCDF 45:36     781523 0.55   1.2001        32.1        32.1   0.2349   0.2349  64.26
D 13C-1,2,3,4,6,7,8-HpCDD 49:38     528434 1.09   0.8155        32.0        32.0   0.1674   0.1674  63.94
D 13C-1,2,3,4,6,7,8-HpCDF 47:57     684825 0.44   1.0496        32.2        32.2   0.2061   0.2061  64.38
D 13C-1,2,3,4,7,8,9-HpCDF 50:18     558668 0.46   0.8947        30.8        30.8   0.2418   0.2418  61.61
D 13C-OCDD 53:52     757045 0.97   0.7044        53.0        53.0   0.5288   0.5288  53.02
D 13C-OCDF 54:01    1200319 0.88   1.0615        55.8        55.8   0.2676   0.2676  55.79
$ 37Cl4-2,3,7,8-TCDD 30:54     206561   1.2266       7.534       7.534   0.5336   0.5336  75.34

* 13C-1,2,3,4-TCDD 30:21    2235277 0.84  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:20    2026879 1.34    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  E - Exceeded Maximum Amount
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A         
Client ID: 11187072-120619-SS-DUP1
Sample Type: Client
Inject. Date: 18-Dec-2019 02:58:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-007
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 08:00:20 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 08:00:20

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:53 30:52    5  1.002     801302      84539     62    155   1364
321.8936 30:53 30:52    5  1.002    1009418     103645     57    142   1818  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQM

319.8965 24:57 29:27 -269  0.809       1862        330     62    155      5
321.8936 24:57 29:27 -269  0.809       2498        404     57    142      7  0.75(0.65-0.89)

319.8965 27:52 29:27  -95  0.903       9916       1080     62    155     17
Empc Correction       8242        940     62    155     15

321.8936 27:50 29:27  -97  0.902      10704       1221     57    142     21  0.93(0.65-0.89)

319.8965 28:47 29:27  -39  0.933       4339        467     62    155      8
Empc Correction       3306        456     62    155      7

321.8936 28:47 29:27  -39  0.933       4294        593     57    142     10  1.01(0.65-0.89) M

319.8965 30:20 29:27   53  0.984       1281        259     62    155      4
321.8936 30:19 29:27   52  0.983       2247        236     57    142      4  0.57(0.65-0.89)

Empc Correction       1663        336     57    142      6

319.8965 30:39 29:27   73  0.994      10842       1571     62    155     25
321.8936 30:38 29:27   72  0.993      13701       2375     57    142     42  0.79(0.65-0.89)

319.8965 31:59 29:27  152  1.037      91974       8896     62    155    143
321.8936 31:59 29:27  152  1.037     109678      10714     57    142    188  0.84(0.65-0.89)

2,3,7,8-TCDF E
303.9016 28:54 28:50    6  1.002    8245015     885018    136    340   6507
305.8987 28:54 28:50    6  1.002   10410565    1101394     60    150  18357  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 23:25 28:10 -284  0.811       9245       1363    136    340     10
305.8987 23:26 28:10 -283  0.812      11456       1791     60    150     30  0.81(0.65-0.89)
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 23:53 28:10 -256  0.828       8962       1450    136    340     11
305.8987 23:52 28:10 -257  0.827      10314       1607     60    150     27  0.87(0.65-0.89)

303.9016 24:25 28:10 -225  0.846      54128       7121    136    340     52
305.8987 24:25 28:10 -225  0.846      67047       8657     60    150    144  0.81(0.65-0.89)

303.9016 24:43 28:10 -207  0.856       7791       1161    136    340      9
305.8987 24:43 28:10 -207  0.856       9033       1286     60    150     21  0.86(0.65-0.89)

303.9016 25:08 28:10 -182  0.871     400106      51994    136    340    382
305.8987 25:08 28:10 -182  0.871     500837      65397     60    150   1090  0.80(0.65-0.89)

303.9016 25:51 28:10 -138  0.896     418803      39906    136    340    293 M
305.8987 25:51 28:10 -138  0.896     528885      50873     60    150    848  0.79(0.65-0.89) M

303.9016 26:20 28:10 -110  0.912      50848       6443    136    340     47
Empc Correction      42056       6038    136    340     44

305.8987 26:19 28:10 -111  0.912      54619       7842     60    150    131  0.93(0.65-0.89)

303.9016 26:31 28:10  -99  0.919     206498      26287    136    340    193
305.8987 26:31 28:10  -99  0.919     252442      30945     60    150    516  0.82(0.65-0.89)

303.9016 27:02 28:10  -68  0.937     304890      36782    136    340    270
305.8987 27:02 28:10  -68  0.937     388078      46388     60    150    773  0.79(0.65-0.89)

303.9016 27:18 28:10  -51  0.946      30639       3367    136    340     25
305.8987 27:16 28:10  -53  0.945      44617       4973     60    150     83  0.69(0.65-0.89) M

303.9016 27:48 28:10  -22  0.963    3745786     441480    136    340   3246
305.8987 27:48 28:10  -22  0.963    4720035     558806     60    150   9313  0.79(0.65-0.89)

303.9016 28:25 28:10   15  0.985     162527      18757    136    340    138
305.8987 28:25 28:10   15  0.985     213071      25628     60    150    427  0.76(0.65-0.89)

303.9016 30:06 28:10  116  1.043     478316      51600    136    340    379
305.8987 30:06 28:10  116  1.043     624839      66750     60    150   1113  0.77(0.65-0.89)

303.9016 30:46 28:10  156  1.067     110478       9641    136    340     71
305.8987 30:47 28:10  157  1.067     140550      12545     60    150    209  0.79(0.65-0.89)

303.9016 33:56 28:10  346  1.176     514102      52836    136    340    389 M
305.8987 33:56 28:10  346  1.176     647895      66339     60    150   1106  0.79(0.65-0.89)

1,2,3,7,8-PeCDD M
355.8546 40:36 40:36    4  1.001      15555       3502     29     72    121 M
357.8516 40:35 40:36    3  1.000      10058       2217     26     65     85  1.55(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 37:40 39:24 -104  0.929       1579        357     29     72     12
357.8516 37:39 39:24 -105  0.928       1259        344     26     65     13  1.25(1.32-1.78)

Empc Correction       1018        230     26     65      9

355.8546 38:30 39:24  -54  0.949       3852        764     29     72     26
Empc Correction       2796        643     29     72     22

357.8516 38:30 39:24  -54  0.949       1804        415     26     65     16  2.14(1.32-1.78)

355.8546 39:10 39:24  -14  0.966        822        156     29     72      5
357.8516 39:08 39:24  -16  0.965       1686        371     26     65     14  0.49(1.32-1.78)

Empc Correction        530        100     26     65      4

355.8546 39:53 39:24   28  0.983       2122        366     29     72     13
357.8516 39:51 39:24   26  0.982       1320        272     26     65     10  1.61(1.32-1.78)
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDF M
339.8597 38:49 38:49    4  1.001     587695     115379     53    132   2177 M
341.8567 38:49 38:49    4  1.001     371329      71718     51    127   1406  1.58(1.32-1.78) M

2,3,4,7,8-PeCDF
339.8597 40:03 40:02    3  1.000     646722     142449     53    132   2688
341.8567 40:03 40:02    3  1.000     409094      92361     51    127   1811  1.58(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF Ma

339.8597 34:45 37:59 -194  0.896       5126        646     53    132     12
341.8567 34:46 37:59 -193  0.896       3524        512     51    127     10  1.45(1.32-1.78)

339.8597 37:19 37:59  -40  0.962     203262      34666     53    132    654
341.8567 37:19 37:59  -40  0.962     130823      22150     51    127    434  1.55(1.32-1.78)

339.8597 37:38 37:59  -20  0.971       4988        768     53    132     14
341.8567 37:37 37:59  -21  0.970       3138        618     51    127     12  1.59(1.32-1.78)

339.8597 38:19 37:59   20  0.988      13772       2033     53    132     38
341.8567 38:19 37:59   20  0.988       8092       1095     51    127     21  1.70(1.32-1.78)

339.8597 38:44 37:59   45  0.999      40375      13949     53    132    263 M
341.8567 38:44 37:59   45  0.999      29298       8465     51    127    166  1.38(1.32-1.78)

339.8597 39:06 37:59   68  1.008      11243       1976     53    132     37
341.8567 39:05 37:59   67  1.008       7401       1304     51    127     26  1.52(1.32-1.78)

339.8597 39:20 37:59   81  1.014     210440      44875     53    132    847
341.8567 39:20 37:59   81  1.014     126797      26480     51    127    519  1.66(1.32-1.78)

339.8597 40:19 37:59  140  1.040      80912      15796     53    132    298
341.8567 40:19 37:59  140  1.040      52185       9456     51    127    185  1.55(1.32-1.78)

339.8597 41:23 37:59  204  1.067      24006       5488     53    132    104
341.8567 41:23 37:59  204  1.067      13751       3409     51    127     67  1.75(1.32-1.78)

1,2,3,4,7,8-HxCDD RQ
389.8158 44:52 44:49    3  1.001       1777        420     13     32     32

Empc Correction       1484        450     13     32     35
391.8127 44:51 44:49    2  1.000       1197        363     12     30     30  1.48(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:59 44:56    3  1.001       2030        506     13     32     39
391.8127 44:58 44:56    2  1.000       1662        392     12     30     33  1.22(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8158 45:21 45:21    3  1.012       2779        546     13     32     42 M
391.8127 45:20 45:21    2  1.011       2160        437     12     30     36  1.29(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD RQ

389.8158 43:17 44:17  -59  0.963      25596       6637     13     32    511
391.8127 43:17 44:17  -59  0.963      20689       5642     12     30    470  1.24(1.05-1.43)

389.8158 43:50 44:17  -27  0.975       1201        235     13     32     18
391.8127 43:51 44:17  -26  0.976       1249        342     12     30     29  0.96(1.05-1.43)

Empc Correction        968        189     12     30     16

389.8158 44:08 44:17   -9  0.982       5794       1216     13     32     94
391.8127 44:08 44:17   -9  0.982       5080       1216     12     30    101  1.14(1.05-1.43)

389.8158 44:21 44:17    5  0.987        618        167     13     32     13
391.8127 44:19 44:17    3  0.986       1101        246     12     30     21  0.56(1.05-1.43)

Empc Correction        498        134     12     30     11
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8-HxCDF
373.8208 43:50 43:48    3  1.000     434754     116403    332    830    351
375.8178 43:49 43:48    2  1.000     340773      90218    189    472    477  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDF M
373.8208 43:57 43:57    2  1.000     123866      28031    332    830     84 M
375.8178 43:57 43:57    2  1.000      96344      23183    189    472    123  1.29(1.05-1.43) M

2,3,4,6,7,8-HxCDF M
373.8208 44:40 44:40    3  1.000      31686       8261    332    830     25 M
375.8178 44:40 44:40    3  1.000      24872       6162    189    472     33  1.27(1.05-1.43) M

1,2,3,7,8,9-HxCDF
373.8208 45:37 45:36    3  1.000       8563       2148    332    830      6
375.8178 45:37 45:36    3  1.000       6109       1519    189    472      8  1.40(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF RQMa

373.8208 42:36 44:08  -92  0.970       4295       1347    332    830      4 M
375.8178 42:35 44:08  -93  0.969       3003        862    189    472      5  1.43(1.05-1.43) M

373.8208 42:46 44:08  -82  0.973      32209       8323    332    830     25
375.8178 42:46 44:08  -82  0.973      25811       6850    189    472     36  1.25(1.05-1.43)

373.8208 43:22 44:08  -46  0.987      12995       3527    332    830     11
375.8178 43:22 44:08  -46  0.987      10379       2966    189    472     16  1.25(1.05-1.43)

373.8208 44:01 44:08   -7  1.002       5680       1914    332    830      6 M
375.8178 44:02 44:08   -6  1.002       5858       1564    189    472      8  0.97(1.05-1.43)

Empc Correction       4580       1543    189    472      8

373.8208 44:34 44:08   26  1.015       9294       2300    332    830      7 M
Empc Correction       7969       2227    332    830      7

375.8178 44:34 44:08   26  1.015       6427       1796    189    472     10  1.45(1.05-1.43)

373.8208 45:44 44:08   96  1.041      28193       6330    332    830     19
375.8178 45:44 44:08   96  1.041      20834       4661    189    472     25  1.35(1.05-1.43)

1,2,3,4,6,7,8-HpCDD M
423.7767 49:39 49:40    3  1.000      19926       3579     22     55    163
425.7737 49:40 49:40    4  1.001      20097       3652     37     92     99  0.99(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDD M

423.7767 47:55 49:01  -65  0.000     22     55
425.7737 47:55 49:01  -65  0.000     37     92  0.00(0.88-1.20)

423.7767 48:29 49:01  -32  0.977      47640       9581     22     55    436 M
425.7737 48:29 49:01  -32  0.977      46559       8766     37     92    237  1.02(0.88-1.20) M

1,2,3,4,6,7,8-HpCDF
407.7817 47:59 47:58    3  1.001      53545      11933     21     52    568
409.7788 47:59 47:58    3  1.001      52498      11767     15     37    784  1.02(0.88-1.20)

1,2,3,4,7,8,9-HpCDF M
407.7817 50:18 50:18    3  1.000      20101       3498     21     52    167 M
409.7788 50:18 50:18    3  1.000      18935       3800     15     37    253  1.06(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDF RQM

407.7817 48:20 49:31  -71  1.008       1878        221     21     52     11
Empc Correction       1460        289     21     52     14

409.7788 48:24 49:31  -67  1.009       1404        278     15     37     19  1.34(0.88-1.20)

Page 1170 of 2476



Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

407.7817 48:38 49:31  -53  1.014      13759       3042     21     52    145 M
409.7788 48:36 49:31  -55  1.013      12158       2423     15     37    162  1.13(0.88-1.20) M

OCDD
457.7377 53:53 53:51    3  1.000     277203      63169      3      7  21056
459.7348 53:53 53:51    3  1.000     284204      66205     12     30   5517  0.98(0.76-1.02)

OCDF M
441.7428 54:02 54:02    3  1.000      14420       3401     18     45    189 M
443.7399 54:02 54:02    3  1.000      18041       4321      9     22    480  0.80(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:50 30:47    6  1.016     344056      36230    254    635    143
333.9338 30:50 30:47    6  1.016     437946      47259    170    425    278  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:51 28:47    6  0.951     562841      65052    328    820    198
317.9389 28:52 28:47    7  0.951     708001      80812    433   1082    187  0.79(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:34 40:34    3  1.337     361272      81776    488   1220    168
369.8919 40:34 40:34    3  1.337     226257      50820    264    660    193  1.60(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:47 38:46    3  1.278     560601     109140    446   1115    245
353.8970 38:47 38:46    3  1.278     357920      68764    171    427    402  1.57(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:02 40:02    3  1.319     560982     123189    446   1115    276
353.8970 40:02 40:02    3  1.319     345718      77318    171    427    452  1.62(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:50 44:49    2  0.989     350626      91020    203    507    448
403.8529 44:50 44:49    2  0.989     260406      66224     72    180    920  1.35(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:57 44:56    2  0.991     382731      91951    203    507    453
403.8529 44:57 44:56    2  0.991     273101      66413     72    180    922  1.40(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:49 43:47    3  0.966     300870      77392    197    492    393
385.8610 43:49 43:47    3  0.966     559672     147732    336    840    440  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:56 43:55    2  0.969     343825      84570    197    492    429
385.8610 43:56 43:55    2  0.969     676564     159869    336    840    476  0.51(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:39 44:38    3  0.985     300895      75314    197    492    382
385.8610 44:39 44:38    3  0.985     567718     140545    336    840    418  0.53(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:36 45:35    3  1.006     277140      58633    197    492    298
385.8610 45:36 45:35    3  1.006     504383     108987    336    840    324  0.55(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:38 49:36    3  1.095     276102      48898    158    395    309
437.8140 49:38 49:36    3  1.095     252332      47783    100    250    478  1.09(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:57 47:56    3  1.058     208942      42510    156    390    273
419.8220 47:58 47:56    4  1.058     475883     100883    253    632    399  0.44(0.37-0.51)
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:18 50:16    4  1.110     176098      32812    156    390    210
419.8220 50:17 50:16    3  1.109     382570      66797    253    632    264  0.46(0.37-0.51)

13C-OCDD
469.7780 53:52 53:52    2  1.188     372838      84482    428   1070    197
471.7750 53:52 53:52    2  1.188     384207      84649    276    690    307  0.97(0.76-1.02)

13C-OCDF
453.7830 54:01 54:00    2  1.191     560881     129395    337    842    384
455.7801 54:01 54:00    2  1.191     639438     151380    200    500    757  0.88(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:54 30:49    8  1.018     206561      21438    626   1565     34

13C-1,2,3,4-TCDD
331.9368 30:21 30:15    7    1022661     107253    254    635    422
333.9338 30:20 30:15    6    1212616     131870    170    425    776  0.84(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:20 45:17    3    1161842     269043    203    507   1325
403.8529 45:20 45:17    3     865037     203442     72    180   2826  1.34(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  E - Exceeded Maximum Amount
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A
Client ID: 11187072-120619-SS-DUP1
Inject. Date: 18-Dec-2019 02:58:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDD, RT: 29.435

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000          782002           83489
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000          782002           83489

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:57              1862               330              2498               404      0.2376 0.75
27:52              9916              1080             10704              1221        1.12 0.93 RQ
27:52              8242               940             10704              1221        1.03 Empc Correction
28:47              4339               467              4294               593      0.4705 1.01 RQM
28:47              3306               456              4294               593      0.4142 Empc Correction
30:20              1281               259              2247               236      0.1923 0.57 RQ
30:20              1281               259              1663               336      0.1604 Empc Correction
30:39             10842              1571             13701              2375        1.34 0.79
31:59             91974              8896            109678             10714        11.0 0.84
Signal Totals:

           117507             12452            142538             15643
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           263336             28146 0.84 RQM
           260045             28095 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         14.351 = (263336 * 50.000) / (782002 * 1.173)
Empc Amount:         14.171 = (260045 * 50.000) / (782002 * 1.173)
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A
Client ID: 11187072-120619-SS-DUP1
Inject. Date: 18-Dec-2019 02:58:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDF, RT: 28.156

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         1270842          145864
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         1270842          145864

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:25              9245              1363             11456              1791      0.7485 0.81
23:53              8962              1450             10314              1607      0.6970 0.87
24:25             54128              7121             67047              8657        4.38 0.81
24:43              7791              1161              9033              1286      0.6083 0.86
25:08            400106             51994            500837             65397        32.6 0.80
25:51            418803             39906            528885             50873        34.3 0.79 M
26:20             50848              6443             54619              7842        3.81 0.93 RQ
26:20             42056              6038             54619              7842        3.50 Empc Correction
26:31            206498             26287            252442             30945        16.6 0.82
27:02            304890             36782            388078             46388        25.1 0.79
27:18             30639              3367             44617              4973        2.72 0.69 M
27:48           3745786            441480           4720035            558806       306.1 0.79
28:25            162527             18757            213071             25628        13.6 0.76
30:06            478316             51600            624839             66750        39.9 0.77
30:46            110478              9641            140550             12545        9.08 0.79
33:56            514102             52836            647895             66339        42.0 0.79 M
Signal Totals:

          6494327            749783           8213718            949827
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         14716837          1700015 0.79 RQM
         14708045          1699610 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:        532.115 = (14716837 * 50.000) / (1270842 * 1.088)
Empc Amount:        531.797 = (14708045 * 50.000) / (1270842 * 1.088)
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A
Client ID: 11187072-120619-SS-DUP1
Inject. Date: 18-Dec-2019 02:58:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 7

Non-2,3,7,8-sub-PeCDD, RT: 39.399

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000          587529          132596
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000          587529          132596

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:40              1579               357              1259               344      0.2315 1.25 RQ
37:40              1579               357              1018               230      0.2118 Empc Correction
38:30              3852               764              1804               415      0.4613 2.14 RQ
38:30              2796               643              1804               415      0.3752 Empc Correction
39:10               822               156              1686               371      0.2046 0.49 RQ
39:10               822               156               530               100      0.1103 Empc Correction
39:53              2122               366              1320               272      0.2807 1.61
Signal Totals:

             7319              1522              4672              1017
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            14444              3045 1.38 RQ
            11991              2539 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.178 = (14444 * 50.000) / (587529 * 1.043)
Empc Amount:         0.9780 = (11991 * 50.000) / (587529 * 1.043)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A
Client ID: 11187072-120619-SS-DUP1
Inject. Date: 18-Dec-2019 02:58:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 7

Non-2,3,7,8-sub-PeCDF, RT: 37.968

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000          918521          177904
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000          906700          200507
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000          912610          189205

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:45              5126               646              3524               512      0.4122 1.45
37:19            203262             34666            130823             22150        15.9 1.55
37:38              4988               768              3138               618      0.3873 1.59
38:19             13772              2033              8092              1095        1.04 1.70
38:44             40375             13949             29298              8465        3.32 1.38 Ma
39:06             11243              1976              7401              1304      0.8885 1.52
39:20            210440             44875            126797             26480        16.1 1.66
40:19             80912             15796             52185              9456        6.34 1.55
41:23             24006              5488             13751              3409        1.80 1.75
Signal Totals:

           594124            120197            375009             73489
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           969133            193686 1.58 Ma

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         46.186 = (969133 * 50.000) / (912610 * 1.150)

QC Flag Legend

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A
Client ID: 11187072-120619-SS-DUP1
Inject. Date: 18-Dec-2019 02:58:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 7

Non-2,3,7,8-sub-HxCDD, RT: 44.269

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000          611032          157244
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000          655832          158364
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000          633432          157804

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:17             25596              6637             20689              5642        3.12 1.24
43:50              1201               235              1249               342      0.1653 0.96 RQ
43:50              1201               235               968               189      0.1463 Empc Correction
44:08              5794              1216              5080              1216      0.7336 1.14
44:21               618               167              1101               246      0.1160 0.56 RQ
44:21               618               167               498               134      0.0753 Empc Correction
Signal Totals:

            33209              8255             27235              7181
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            61328             15701 1.18 RQ
            60444             15436 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.137 = (61328 * 50.000) / (633432 * 1.170)
Empc Amount:          4.078 = (60444 * 50.000) / (633432 * 1.170)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A
Client ID: 11187072-120619-SS-DUP1
Inject. Date: 18-Dec-2019 02:58:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 7

Non-2,3,7,8-sub-HxCDF, RT: 44.125

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000          860542          225124
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         1020389          244439
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000          868613          215859
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000          781523          167620
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000          882766          213260

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:36              4295              1347              3003               862      0.3203 1.43 M
42:46             32209              8323             25811              6850        2.55 1.25
43:22             12995              3527             10379              2966        1.03 1.25
44:01              5680              1914              5858              1564      0.5064 0.97 RQMa
44:01              5680              1914              4580              1543      0.4503 Empc Correction
44:34              9294              2300              6427              1796      0.6900 1.45 RQMa
44:34              7969              2227              6427              1796      0.6319 Empc Correction
45:44             28193              6330             20834              4661        2.15 1.35
Signal Totals:

            91341             23668             71034             18678
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           164978             42440 1.28 RQMa
           162375             42346 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          7.241 = (164978 * 50.000) / (882766 * 1.290)
Empc Amount:          7.127 = (162375 * 50.000) / (882766 * 1.290)
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A
Client ID: 11187072-120619-SS-DUP1
Inject. Date: 18-Dec-2019 02:58:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDD, RT: 49.003

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000          528434           96681
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000          528434           96681

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

47:55                 0                 0                 0                 0 0.00
48:29             47640              9581             46559              8766        7.96 1.02 M
Signal Totals:

            47640              9581             46559              8766
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            94199             18347 1.02 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          7.955 = (94199 * 50.000) / (528434 * 1.120)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A
Client ID: 11187072-120619-SS-DUP1
Inject. Date: 18-Dec-2019 02:58:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDF, RT: 49.509

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000          684825          143393
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000          558668           99609
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000          621746          121501

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:20              1878               221              1404               278      0.1833 1.34 RQ
48:20              1460               289              1404               278      0.1600 Empc Correction
48:38             13759              3042             12158              2423        1.45 1.13 M
Signal Totals:

            15219              3331             13562              2701
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            29199              5964 1.15 RQM
            28781              6032 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.631 = (29199 * 50.000) / (621746 * 1.440)
Empc Amount:          1.608 = (28781 * 50.000) / (621746 * 1.440)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
TCDD
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
TCDD
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TCDD Lock Mass
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 28.778 Area = 3733
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Manual Integration Results
RT = 28.778 Area = 4294 M
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Reviewer: davidsonm, 18-Dec-2019 07:54:40
Audit Action: Manually Integrated Audit Reason: Incomplete Integration

Page 1186 of 2476



Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-1,2,3,4-TCDD
          30.34

13C-2,3,7,8-TCDD
          30.83

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD
          30.33

13C-2,3,7,8-TCDD
          30.83

Page 1187 of 2476



Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

90

96

Y

F1:m/z     313.9834

Page 1188 of 2476



Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
TCDF
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TCDF Standards
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 18-Dec-2019 08:00:23 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
TCDF
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2,3,7,8-TCDF
          28.90
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2,3,7,8-TCDF
          28.90

TCDF Interference Mass
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 25.849 Area = 395407
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Manual Integration Results
RT = 25.849 Area = 418803 M
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Reviewer: davidsonm, 18-Dec-2019 07:55:12
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
RT = 25.849 Area = 499274
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Manual Integration Results
RT = 25.849 Area = 528885 M
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Reviewer: davidsonm, 18-Dec-2019 07:55:46
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
RT = 27.263 Area = 38135
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Manual Integration Results
RT = 27.263 Area = 44617 M
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Reviewer: davidsonm, 18-Dec-2019 07:55:46
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 33.931 Area = 514102
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Manual Integration Results
RT = 33.931 Area = 514102
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Reviewer: davidsonm, 18-Dec-2019 07:55:12
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
PeCDD
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          38.49
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
PeCDD
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F2:m/z     355.8546

1,2,3,7,8-PeCDD
          40.60

Non-2,3,7,8-sub-PeCDD
          38.49

41.25
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1,2,3,7,8-PeCDD
          40.5834.72

PeCDD Lock Mass
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 1

Processing Integration Results
RT:  40.60
Area: 16334
Amount:    2.152580
Amount Units: pg/ul
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Manual Integration Results
RT:  40.60
Area: 15555
Amount:    2.089044
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:56:57
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
PeCDF
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F2:m/z     339.8597
2,3,4,7,8-PeCDF
          40.05

Non-2,3,7,8-sub-PeCDF
          34.74
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          34.75

PeCDF Standards
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
PeCDF
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F2:m/z     339.8597

2,3,4,7,8-PeCDF
          40.05

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          34.74
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Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)
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1,2,3,7,8-PeCDF
          38.80

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          34.75

PeCDF Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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F2:m/z     313.9834
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
PeCDF
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F2:m/z     339.8597

2,3,4,7,8-PeCDF
          40.05

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          34.74
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2,3,4,7,8-PeCDF
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1,2,3,7,8-PeCDF
          38.80

Non-2,3,7,8-sub-PeCDF
          37.30

Non-2,3,7,8-sub-PeCDF
          34.75

PeCDF Interference Mass
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Min

1

3

5

7

9

11

13

15

Y
 ( 

X
10

)

F2:m/z     409.7974 39.41

39.91
41.46

Page 1201 of 2476



Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.80
Area: 628066
Amount:   47.065397
Amount Units: pg/ul
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Manual Integration Results
RT:  38.80
Area: 587695
Amount:   43.877559
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:57:16
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.80
Area: 400634
Amount:   47.065397
Amount Units: pg/ul
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Manual Integration Results
RT:  38.80
Area: 371329
Amount:   43.877559
Amount Units: pg/ul
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 3
8.

80
4

Reviewer: davidsonm, 18-Dec-2019 07:57:19
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.56- 41.38)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.56- 41.38
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Manual Integration Results
RT = 38.718 Area = 40375 M
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Reviewer: davidsonm, 18-Dec-2019 07:57:28
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak

Page 1204 of 2476



Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  45.32
Area: 2359
Amount:    0.346528
Amount Units: pg/ul
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Manual Integration Results
RT:  45.32
Area: 2160
Amount:    0.319251
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:57:56
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  45.34
Area: 3002
Amount:    0.346528
Amount Units: pg/ul
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Manual Integration Results
RT:  45.34
Area: 2779
Amount:    0.319251
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:57:58
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
HxCDF
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HxCDF Lock Mass
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  43.94
Area: 102203
Amount:    8.897958
Amount Units: pg/ul
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Manual Integration Results
RT:  43.94
Area: 96344
Amount:    8.454920
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:58:11
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  43.94
Area: 129546
Amount:    8.897958
Amount Units: pg/ul

43.6 43.8 44.0 44.2 44.4
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
0)

F3:m/z     373.8208

 4
3.

93
9

Manual Integration Results
RT:  43.94
Area: 123866
Amount:    8.454920
Amount Units: pg/ul

43.6 43.8 44.0 44.2 44.4
Min

RT

0

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
0)

F3:m/z     373.8208

 4
3.

93
9

Reviewer: davidsonm, 18-Dec-2019 07:58:14
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 1

Processing Integration Results
RT:  44.67
Area: 40991
Amount:    3.288642
Amount Units: pg/ul
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Manual Integration Results
RT:  44.67
Area: 31686
Amount:    2.572849
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:58:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
RT:  44.67
Area: 31302
Amount:    3.288642
Amount Units: pg/ul
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Manual Integration Results
RT:  44.67
Area: 24872
Amount:    2.572849
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:58:24
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.50- 45.75)
Signal: 1

Processing Integration Results
Not Detected
RT:  42.50- 45.75
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Manual Integration Results
RT = 42.588 Area = 4295 M
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Reviewer: davidsonm, 18-Dec-2019 07:58:51
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.50- 45.75)
Signal: 2

Processing Integration Results
Not Detected
RT:  42.50- 45.75

42.1 42.3 42.5 42.7 42.9 43.1
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

70
Y

 ( 
X

10
0)

F3:m/z     375.8178

Manual Integration Results
RT = 42.571 Area = 3003 M
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Reviewer: davidsonm, 18-Dec-2019 07:58:56
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.50- 45.75)
Signal: 1

Processing Integration Results
Not Detected
RT:  42.50- 45.75
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Manual Integration Results
RT = 44.007 Area = 5680 M
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Reviewer: davidsonm, 18-Dec-2019 07:58:51
Audit Action: Manually Integrated Audit Reason: Baseline

Page 1218 of 2476



Report Date: 18-Dec-2019 08:00:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.50- 45.75)
Signal: 1

Processing Integration Results
Not Detected
RT:  42.50- 45.75
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Manual Integration Results
RT = 44.564 Area = 9294 M
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Reviewer: davidsonm, 18-Dec-2019 07:58:51
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:00:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 08:00:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 08:00:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDD, CAS: 35822-46-9
Signal: 2

Processing Integration Results
RT:  49.65
Area: 21068
Amount:    3.461925
Amount Units: pg/ul
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Manual Integration Results
RT:  49.65
Area: 20097
Amount:    3.379924
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:59:26
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDD, Signal: 1,   m/z: 423.7767, RT: ( 48.36- 49.64)
Signal: 1

Processing Integration Results
RT = 48.470 Area = 49003
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Manual Integration Results
RT = 48.470 Area = 47640 M
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Reviewer: davidsonm, 18-Dec-2019 07:59:32
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDD, Signal: 2,   m/z: 425.7737, RT: ( 48.36- 49.64)
Signal: 2

Processing Integration Results
RT = 48.470 Area = 48065
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Manual Integration Results
RT = 48.470 Area = 46559 M
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Reviewer: davidsonm, 18-Dec-2019 07:59:30
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 2

Processing Integration Results
RT:  50.29
Area: 19300
Amount:    2.598599
Amount Units: pg/ul
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Manual Integration Results
RT:  50.29
Area: 18935
Amount:    2.530342
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:59:39
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  50.29
Area: 20789
Amount:    2.598599
Amount Units: pg/ul
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Manual Integration Results
RT:  50.29
Area: 20101
Amount:    2.530342
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:59:41
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7817, RT: ( 47.75- 51.27)
Signal: 1

Processing Integration Results
RT = 48.623 Area = 14610
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Manual Integration Results
RT = 48.623 Area = 13759 M
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Reviewer: davidsonm, 18-Dec-2019 07:59:45
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7788, RT: ( 47.75- 51.27)
Signal: 2

Processing Integration Results
RT = 48.589 Area = 13011
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Manual Integration Results
RT = 48.589 Area = 12158 M
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Reviewer: davidsonm, 18-Dec-2019 07:59:47
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36166 Sample Line#: 7
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  54.02
Area: 15167
Amount:    2.533216
Amount Units: pg/ul
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Manual Integration Results
RT:  54.02
Area: 14420
Amount:    2.422898
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:00:06
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:00:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 02:58:00 Instrument ID: D2A
Lims ID: 140-17578-A-13-A         Lab Sample ID: 140-17578-13             
Client ID: 11187072-120619-SS-DUP1
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  54.02
Area: 18772
Amount:    2.533216
Amount Units: pg/ul
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Manual Integration Results
RT:  54.02
Area: 18041
Amount:    2.422898
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:00:08
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-DUP1

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-13

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-13-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  00:00

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

5

HRMS-Sox

12/18/2019  19:48

Low1(uL)

20(uL)

% Moisture: 45.0

Sample wt/vol: 9.84(g)

N

Analysis Batch No.: 36178 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

9.2 3.251207-31-9 2,3,7,8-TCDF 1900

%RECCAS NO. LIMITSQISOTOPE DILUTION

74 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 20:46:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A         
Client ID: 11187072-120619-SS-DUP1
Sample Type: Client
Inject. Date: 18-Dec-2019 19:48:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 5.0000     
Sample Info:
Misc. Info.: 140-0014075-010
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 20:45:38 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 20:46:01

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:41     418749 0.76   1.2213        17.5        17.5   0.2786   0.2786
  2,3,7,8-TCDF 22:12    3968205 0.79   1.1100       105.4       105.4   0.1755   0.1755
D 13C-2,3,7,8-TCDD 19:40     196060 0.81   1.0031       6.937       6.937   0.2849   0.2849  69.37
D 13C-2,3,7,8-TCDF 22:10     339297 0.81   1.6193       7.437       7.437   0.1615   0.1615  74.37
$ 37Cl4-2,3,7,8-TCDD 19:40      54605   1.1834       1.638       1.638   0.0962   0.0962  81.89

* 13C-1,2,3,4-TCDD 20:07     563484 0.84  1.6E+05        20.0        20.0
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Report Date: 18-Dec-2019 20:46:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-13-a.d
Lims ID: 140-17578-A-13-A         
Client ID: 11187072-120619-SS-DUP1
Sample Type: Client
Inject. Date: 18-Dec-2019 19:48:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 5.0000     
Sample Info:
Misc. Info.: 140-0014075-010
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 20:45:38 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 20:46:01

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:41 19:42   -2  1.001     181289      29784     95    237    314
321.8936 19:41 19:42   -2  1.001     237460      35836    326    815    110  0.76(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:12 22:13   -2  1.002    1755921     230249    197    492   1169
305.8987 22:12 22:13   -2  1.002    2212284     291613    171    427   1705  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:40 19:39   -1  0.978      87971      13424    258    645     52
333.9338 19:39 19:39   -2  0.977     108089      17489    236    590     74  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:10 22:10   -2  1.102     151377      21849    258    645     85
317.9389 22:09 22:10   -3  1.101     187920      25365    194    485    131  0.81(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:40 19:41   -3  0.978      54605       9262    197    492     47

13C-1,2,3,4-TCDD
331.9368 20:07 20:08   -2     257012      39213    258    645    152
333.9338 20:05 20:08   -3     306472      47216    236    590    200  0.84(0.65-0.89)
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Report Date: 18-Dec-2019 20:46:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 19:48:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36178 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 20:46:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 19:48:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36178 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

2,3,7,8-TCDF
          22.19

19.58

17.98 23.43 26.48

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

2,3,7,8-TCDF
          22.19

19.58

17.98 23.43 26.48

TCDF Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 20:46:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-13-a.d
Injection Date: 18-Dec-2019 19:48:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-DUP1
Worklist#: 36178 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

2,3,7,8-TCDF
          22.19

19.58

17.98 23.43 26.48

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

2,3,7,8-TCDF
          22.19

19.58

17.98 23.43 26.48

TCDF Interference Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

0)

F1:m/z     375.8364 21.73

22.04

22.8419.85
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-14

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-14-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  12:00

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  03:59

Low1(uL)

20(uL)

% Moisture: 24.0

Sample wt/vol: 10.27(g)

N

Analysis Batch No.: 36166 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.0991746-01-6 2,3,7,8-TCDD 6.8

1.3 0.099B q41903-57-5 Total TCDD 20

6.4 0.063J q40321-76-4 1,2,3,7,8-PeCDD 0.42

6.4 0.063q36088-22-9 Total PeCDD 11

6.4 0.13J q39227-28-6 1,2,3,4,7,8-HxCDD 0.39

6.4 0.13J57653-85-7 1,2,3,6,7,8-HxCDD 1.1

6.4 0.12J19408-74-3 1,2,3,7,8,9-HxCDD 2.3

6.4 0.13B q34465-46-8 Total HxCDD 51

6.4 0.21B35822-46-9 1,2,3,4,6,7,8-HpCDD 44

6.4 0.21B37871-00-4 Total HpCDD 150

13 0.061B3268-87-9 OCDD 1000

1.3 0.14I B q30402-14-3 Total TCDF 49

6.4 0.18J57117-41-6 1,2,3,7,8-PeCDF 1.3

6.4 0.17J57117-31-4 2,3,4,7,8-PeCDF 1.2

6.4 0.17J I q30402-15-4 Total PeCDF 6.1

6.4 0.16J70648-26-9 1,2,3,4,7,8-HxCDF 2.3

6.4 0.15J I q57117-44-9 1,2,3,6,7,8-HxCDF 0.73

6.4 0.17J60851-34-5 2,3,4,6,7,8-HxCDF 0.25

6.4 0.2072918-21-9 1,2,3,7,8,9-HxCDF ND

6.4 0.17I q55684-94-1 Total HxCDF 8.7

6.4 0.071J B67562-39-4 1,2,3,4,6,7,8-HpCDF 4.2

6.4 0.10J B55673-89-7 1,2,3,4,7,8,9-HpCDF 0.77

6.4 0.086B38998-75-3 Total HpCDF 11

13 0.017B39001-02-0 OCDF 25

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-14

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-14-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  12:00

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  03:59

Low1(uL)

20(uL)

% Moisture: 24.0

Sample wt/vol: 10.27(g)

N

Analysis Batch No.: 36166 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

60 25-16476523-40-5 13C-2,3,7,8-TCDD

63 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

62 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

66 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

67 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

63 17-157114423-97-1 13C-OCDD

61 24-16989059-46-1 13C-2,3,7,8-TCDF

60 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

62 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

65 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

64 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

65 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

65 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

65 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

62 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

64 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

67 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B

Page 1246 of 2476



Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A         
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Sample Type: Client
Inject. Date: 18-Dec-2019 03:59:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-008
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 08:34:31 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 08:34:31

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:53      44452 0.74   1.1733       2.638       2.638   0.0385   0.0385  M
A Non-2,3,7,8-sub-TCDD 29:27      89462 0.77   1.1733       5.436       5.309   0.0385    3.550  RQM
S Total TCDD       8.073       7.947   0.0385   0.0385  RQ

  2,3,7,8-TCDF 28:52     272173 0.83   1.0881        10.4        10.4   0.0556   0.0556
A Non-2,3,7,8-sub-TCDF 28:10     227959 0.77   1.0881       8.841       8.715   0.0556    4.224  RQMa
S Total TCDF        19.2        19.1   0.0556   0.0556  RQ

  1,2,3,7,8-PeCDD 40:34       2139 1.55   1.0434      0.2399      0.1654   0.0245   0.0245  RQ
A Non-2,3,7,8-sub-PeCDD 39:24      51780 1.55   1.0434       4.205       4.005   0.0245    2.059  RQ
S Total PeCDD       4.445       4.170   0.0245   0.0245  RQ

  1,2,3,7,8-PeCDF 38:48      10817 1.70   1.1898      0.4931      0.4931   0.0683   0.0683  M
  2,3,4,7,8-PeCDF 40:03       9656 1.55   1.1095      0.4525      0.4525   0.0649   0.0649  M
A Non-2,3,7,8-sub-PeCDF 37:59      30882 1.55   1.1496       1.571       1.426   0.0665   0.3991  RQMa
S Total PeCDF       2.517       2.372   0.0666   0.0666  RQ

  1,2,3,4,7,8-HxCDD 44:51       2186 1.24   1.1409      0.1986      0.1504   0.0515   0.0515  RQMa
  1,2,3,6,7,8-HxCDD 44:58       7127 1.40   1.1481      0.4350      0.4350   0.0506   0.0506  M
  1,2,3,7,8,9-HxCDD 45:19      14575 1.09   1.2212      0.8839      0.8839   0.0478   0.0478  M
A Non-2,3,7,8-sub-HxCDD 44:17     288867 1.27   1.1700        18.3        18.3   0.0499     14.3
S Total HxCDD        19.8        19.8   0.0500   0.0500  RQ

  1,2,3,4,7,8-HxCDF 43:49      22150 1.28   1.3629      0.8981      0.8981   0.0631   0.0631
  1,2,3,6,7,8-HxCDF 43:57       8050 1.24   1.2762      0.3264      0.2857   0.0590   0.0590  RQM
  2,3,4,6,7,8-HxCDF 44:41       2478 1.39   1.2654      0.0971      0.0971   0.0648   0.0648
  1,2,3,7,8,9-HxCDF 45:35   0.0787   0.0787
A Non-2,3,7,8-sub-HxCDF 44:08      54023 1.24   1.2905       2.258       2.130   0.0657   0.7646  RQM
S Total HxCDF       3.579       3.411   0.0664   0.0664  RQ

  1,2,3,4,6,7,8-HpCDD 49:39     247390 1.12   1.1204        17.3        17.3   0.0815   0.0815
A Non-2,3,7,8-sub-HpCDD 49:01     595495 1.08   1.1204        41.7        41.7   0.0815     41.7
S Total HpCDD        59.0        59.0   0.0815   0.0815

  1,2,3,4,6,7,8-HpCDF 47:58      38767 1.07   1.4984       1.625       1.625   0.0276   0.0276
  1,2,3,4,7,8,9-HpCDF 50:18       5356 0.90   1.3807      0.3007      0.3007   0.0393   0.0393  M
A Non-2,3,7,8-sub-HpCDF 49:31      45434 1.03   1.4395       2.190       2.190   0.0326    1.966  a
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       4.116       4.116   0.0335   0.0335

  OCDD 53:53    5036880 0.90   1.2073       404.4       404.4   0.0237   0.0237
  OCDF 54:02     171879 0.89   1.1162       9.663       9.663 0.006614 0.006614  M
D 13C-2,3,7,8-TCDD 30:49     718126 0.83   1.0709        30.0        30.0   0.3519   0.3519  59.95
D 13C-2,3,7,8-TCDF 28:48    1201910 0.83   1.7545        30.6        30.6   0.4138   0.4138  61.24
D 13C-1,2,3,7,8-PeCDD 40:34     619546 1.63   0.8743        31.7        31.7   0.4404   0.4404  63.35
D 13C-1,2,3,7,8-PeCDF 38:47     921899 1.68   1.3704        30.1        30.1   0.4198   0.4198  60.14
D 13C-2,3,4,7,8-PeCDF 40:02     961656 1.64   1.3837        31.1        31.1   0.4158   0.4158  62.13
D 13C-1,2,3,4,7,8-HxCDD 44:50     636815 1.32   0.8772        31.0        31.0   0.1071   0.1071  62.01
D 13C-1,2,3,6,7,8-HxCDD 44:57     713552 1.25   0.9171        33.2        33.2   0.1024   0.1024  66.46
D 13C-1,2,3,4,7,8-HxCDF 43:48     904789 0.52   1.1892        32.5        32.5   0.2772   0.2772  64.99
D 13C-1,2,3,6,7,8-HxCDF 43:56    1103912 0.50   1.4625        32.2        32.2   0.2254   0.2254  64.47
D 13C-2,3,4,6,7,8-HxCDF 44:40    1008507 0.57   1.3197        32.6        32.6   0.2498   0.2498  65.27
D 13C-1,2,3,7,8,9-HxCDF 45:35     914146 0.57   1.2001        32.5        32.5   0.2747   0.2747  65.06
D 13C-1,2,3,4,6,7,8-HpCDD 49:37     637196 1.15   0.8155        33.4        33.4   0.2874   0.2874  66.74
D 13C-1,2,3,4,6,7,8-HpCDF 47:57     795917 0.45   1.0496        32.4        32.4   0.2224   0.2224  64.77
D 13C-1,2,3,4,7,8,9-HpCDF 50:16     645115 0.49   0.8947        30.8        30.8   0.2609   0.2609  61.59
D 13C-OCDD 53:52    1031789 0.89   0.7044        62.6        62.6   0.2530   0.2530  62.56
D 13C-OCDF 54:01    1593531 0.92   1.0615        64.1        64.1   0.2093   0.2093  64.12
$ 37Cl4-2,3,7,8-TCDD 30:50     184872   1.2266       6.737       6.737   0.1269   0.1269  67.37

* 13C-1,2,3,4-TCDD 30:18    2237255 0.80  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:19    2341526 1.32    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A         
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Sample Type: Client
Inject. Date: 18-Dec-2019 03:59:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-008
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 08:34:31 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 08:34:31

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD M
319.8965 30:53 30:53    5  1.002      18903       1870     11     27    170 M
321.8936 30:51 30:53    2  1.001      25549       2827     17     42    166  0.74(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQM

319.8965 24:55 29:27 -271  0.808        928        143     11     27     13
321.8936 24:56 29:27 -270  0.809       1708        245     17     42     14  0.54(0.65-0.89)

Empc Correction       1205        185     17     42     11

319.8965 25:41 29:27 -225  0.833       1197        170     11     27     15
321.8936 25:40 29:27 -226  0.833       1894        362     17     42     21  0.63(0.65-0.89)

Empc Correction       1554        220     17     42     13

319.8965 26:21 29:27 -186  0.855       1585        216     11     27     20
321.8936 26:20 29:27 -187  0.854       1959        440     17     42     26  0.81(0.65-0.89)

319.8965 27:48 29:27  -99  0.902      25223       2881     11     27    262
321.8936 27:49 29:27  -98  0.902      34606       4069     17     42    239  0.73(0.65-0.89)

319.8965 28:18 29:27  -69  0.918       1266        171     11     27     16
Empc Correction        918        140     11     27     13

321.8936 28:22 29:27  -65  0.920       1193        182     17     42     11  1.06(0.65-0.89) M

319.8965 29:31 29:27    4  0.957        805        124     11     27     11 M
321.8936 29:27 29:27    0  0.955       1404        260     17     42     15  0.57(0.65-0.89)

Empc Correction       1045        161     17     42      9

319.8965 30:20 29:27   53  0.984       3947        456     11     27     41
321.8936 30:18 29:27   51  0.983       4807        620     17     42     36  0.82(0.65-0.89)

319.8965 30:39 29:27   73  0.995       1666        206     11     27     19 M
Empc Correction       1081        130     11     27     12

321.8936 30:33 29:27   67  0.991       1405        170     17     42     10  1.19(0.65-0.89) M
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 32:02 29:27  155  1.039       1561        194     11     27     18
321.8936 31:55 29:27  148  1.036       2031        351     17     42     21  0.77(0.65-0.89) M

319.8965 34:04 29:27  277  1.105       1107        162     11     27     15 M
321.8936 34:03 29:27  276  1.105       1305        177     17     42     10  0.85(0.65-0.89) M

2,3,7,8-TCDF
303.9016 28:52 28:52    4  1.002     123513      12463     33     82    378
305.8987 28:52 28:52    4  1.002     148660      14960     32     80    468  0.83(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQMa

303.9016 23:51 28:10 -258  0.828       2060        437     33     82     13
305.8987 23:53 28:10 -256  0.829       3025        403     32     80     13  0.68(0.65-0.89)

303.9016 24:21 28:10 -228  0.846       1600        334     33     82     10
305.8987 24:22 28:10 -227  0.846       1997        402     32     80     13  0.80(0.65-0.89)

303.9016 25:06 28:10 -184  0.871       5055        995     33     82     30
305.8987 25:06 28:10 -184  0.871       7736        861     32     80     27  0.65(0.65-0.89)

303.9016 25:38 28:10 -151  0.890        491        174     33     82      5
305.8987 25:39 28:10 -150  0.891       1769        501     32     80     16  0.28(0.65-0.89)

Empc Correction        637        225     32     80      7

303.9016 25:49 28:10 -140  0.896       7431       1088     33     82     33
305.8987 25:50 28:10 -139  0.897      10149       1501     32     80     47  0.73(0.65-0.89)

303.9016 26:30 28:10 -100  0.920       4766        591     33     82     18 M
Empc Correction       3739        424     33     82     13

305.8987 26:30 28:10 -100  0.920       4857        551     32     80     17  0.98(0.65-0.89)

303.9016 27:02 28:10  -68  0.939       4775        560     33     82     17
305.8987 27:02 28:10  -68  0.939       5754        793     32     80     25  0.83(0.65-0.89)

303.9016 27:14 28:10  -55  0.946       1255        174     33     82      5 M
Empc Correction        747        133     33     82      4

305.8987 27:14 28:10  -55  0.946        971        173     32     80      5  1.29(0.65-0.89)

303.9016 27:46 28:10  -24  0.964      49435       5726     33     82    174
305.8987 27:47 28:10  -23  0.964      61040       7639     32     80    239  0.81(0.65-0.89)

303.9016 28:22 28:10   12  0.985       3682        378     33     82     11
305.8987 28:24 28:10   14  0.986       4783        437     32     80     14  0.77(0.65-0.89) M

303.9016 30:02 28:10  112  1.043       7466        888     33     82     27
305.8987 30:04 28:10  114  1.044       9822       1216     32     80     38  0.76(0.65-0.89)

303.9016 30:42 28:10  152  1.066       1774        281     33     82      9
305.8987 30:43 28:10  153  1.067       2942        321     32     80     10  0.60(0.65-0.89)

Empc Correction       2303        364     32     80     11

303.9016 32:52 28:10  281  1.141       3608        435     33     82     13
305.8987 32:53 28:10  282  1.142       4745        571     32     80     18  0.76(0.65-0.89)

303.9016 33:53 28:10  343  1.177       7759        869     33     82     26
305.8987 33:54 28:10  344  1.177      10518       1093     32     80     34  0.74(0.65-0.89)

1,2,3,7,8-PeCDD RQ
355.8546 40:34 40:35    2  1.000       2262        469     19     47     25

Empc Correction       1300        353     19     47     19
357.8516 40:34 40:35    2  1.000        839        228     10     25     23  2.70(1.32-1.78)
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 37:38 39:24 -106  0.928       6832       1060     19     47     56
Empc Correction       5731       1080     19     47     57

357.8516 37:37 39:24 -107  0.927       3698        697     10     25     70  1.85(1.32-1.78)

355.8546 38:29 39:24  -55  0.949      15759       3276     19     47    172
357.8516 38:29 39:24  -55  0.949      10866       1818     10     25    182  1.45(1.32-1.78)

355.8546 38:55 39:24  -29  0.959        598        163     19     47      9
357.8516 38:53 39:24  -31  0.958        614        106     10     25     11  0.97(1.32-1.78)

Empc Correction        385        105     10     25     11

355.8546 39:11 39:24  -14  0.966        897        186     19     47     10
357.8516 39:07 39:24  -17  0.964        954        140     10     25     14  0.94(1.32-1.78)

Empc Correction        578        120     10     25     12

355.8546 39:24 39:24    0  0.971        675        162     19     47      9
357.8516 39:25 39:24    1  0.972        390         83     10     25      8  1.73(1.32-1.78)

355.8546 39:42 39:24   17  0.978        770        201     19     47     11
357.8516 39:43 39:24   18  0.979        852        190     10     25     19  0.90(1.32-1.78)

Empc Correction        496        129     10     25     13

355.8546 39:50 39:24   25  0.982       6142        932     19     47     49
357.8516 39:51 39:24   26  0.982       4110        572     10     25     57  1.49(1.32-1.78)

355.8546 41:16 39:24  111  1.017        943        304     19     47     16
Empc Correction        416         71     19     47      4

357.8516 41:17 39:24  112  1.017        269         46     10     25      5  3.51(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 38:48 38:47    3  1.000       6814       1480     73    182     20 M
341.8567 38:47 38:47    2  1.000       4003        771     44    110     18  1.70(1.32-1.78) M

2,3,4,7,8-PeCDF M
339.8597 40:03 40:02    3  1.000       5866       1214     73    182     17 M
341.8567 40:02 40:02    2  1.000       3790        840     44    110     19  1.55(1.32-1.78) M

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 34:42 37:59 -197  0.895       3912        449     73    182      6 M
Empc Correction       3160        491     73    182      7

341.8567 34:42 37:59 -197  0.895       2039        317     44    110      7  1.92(1.32-1.78) M

339.8597 37:16 37:59  -43  0.961       5253        812     73    182     11
341.8567 37:14 37:59  -45  0.960       4736        561     44    110     13  1.11(1.32-1.78)

Empc Correction       3389        523     44    110     12

339.8597 38:08 37:59   10  0.984       3834        529     73    182      7
Empc Correction       2896        390     73    182      5

341.8567 38:13 37:59   14  0.985       1869        252     44    110      6  2.05(1.32-1.78)

339.8597 38:41 37:59   42  0.997        687        202     73    182      3 M
341.8567 38:42 37:59   43  0.998        515        137     44    110      3  1.33(1.32-1.78)

339.8597 39:20 37:59   81  1.014       4011        396     73    182      5
341.8567 39:26 37:59   87  1.017       2794        328     44    110      7  1.44(1.32-1.78)

339.8597 40:17 37:59  138  1.039       1788        293     73    182      4 M
341.8567 40:17 37:59  138  1.039       1239        223     44    110      5  1.44(1.32-1.78) M

339.8597 41:25 37:59  206  1.068        755        248     73    182      3 M
341.8567 41:23 37:59  204  1.067        588        136     44    110      3  1.28(1.32-1.78) M

Empc Correction        487        160     44    110      4
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8-HxCDD RQMa
389.8158 44:51 44:51    2  1.000       1910        600     47    117     13 M

Empc Correction       1210        374     47    117      8
391.8127 44:51 44:51    2  1.000        976        302     31     77     10  1.96(1.05-1.43)

1,2,3,6,7,8-HxCDD M
389.8158 44:58 44:58    2  1.000       4155       1114     47    117     24 M
391.8127 44:58 44:58    2  1.000       2972        790     31     77     25  1.40(1.05-1.43) M

1,2,3,7,8,9-HxCDD M
389.8158 45:19 45:19    1  1.011       7600       1344     47    117     29 M
391.8127 45:20 45:19    2  1.011       6975       1265     31     77     41  1.09(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD

389.8158 43:17 44:17  -60  0.963     126395      32782     47    117    697
391.8127 43:17 44:17  -60  0.963      99954      26138     31     77    843  1.26(1.05-1.43)

389.8158 43:51 44:17  -26  0.976       3414        941     47    117     20
391.8127 43:51 44:17  -26  0.976       2514        611     31     77     20  1.36(1.05-1.43)

389.8158 44:08 44:17   -8  0.982      28334       6760     47    117    144
391.8127 44:08 44:17   -8  0.982      21572       5490     31     77    177  1.31(1.05-1.43)

389.8158 44:18 44:17    2  0.986       3637        794     47    117     17
391.8127 44:19 44:17    3  0.986       3047        671     31     77     22  1.19(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 43:49 43:50    2  1.000      12422       3229     99    247     33
375.8178 43:49 43:50    2  1.000       9728       2388     66    165     36  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDF RQM
373.8208 43:57 43:57    2  1.000       5602       1475     99    247     15

Empc Correction       4456       1378     99    247     14
375.8178 43:57 43:57    2  1.000       3594       1112     66    165     17  1.56(1.05-1.43) M

2,3,4,6,7,8-HxCDF
373.8208 44:41 44:40    3  1.000       1440        468     99    247      5
375.8178 44:41 44:40    3  1.000       1038        390     66    165      6  1.39(1.05-1.43)

1,2,3,7,8,9-HxCDF
373.8208 45:36      99     247
375.8178 45:36      66     165

A Non-2,3,7,8-sub-HxCDF RQM

373.8208 42:35 44:08  -93  0.969       2059        549     99    247      6
375.8178 42:36 44:08  -92  0.970       1810        456     66    165      7  1.14(1.05-1.43)

373.8208 42:46 44:08  -82  0.973       7725       2164     99    247     22
375.8178 42:46 44:08  -82  0.973       7672       1895     66    165     29  1.01(1.05-1.43) M

Empc Correction       6229       1745     66    165     26

373.8208 43:22 44:08  -46  0.987       5801       1582     99    247     16
375.8178 43:22 44:08  -46  0.987       5357       1456     66    165     22  1.08(1.05-1.43)

373.8208 43:34 44:08  -34  0.992      12541       3307     99    247     33
Empc Correction      10737       3096     99    247     31

375.8178 43:34 44:08  -34  0.992       8659       2497     66    165     38  1.45(1.05-1.43)

373.8208 44:29 44:08   21  1.013       3019        643     99    247      6
375.8178 44:29 44:08   21  1.013       2627        624     66    165      9  1.15(1.05-1.43)
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,7,8-HpCDD
423.7767 49:39 49:38    3  1.001     130699      22784     18     45   1266
425.7737 49:38 49:38    2  1.000     116691      19237     70    175    275  1.12(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 48:28 49:01  -33  0.977     309404      60280     18     45   3349
425.7737 48:28 49:01  -33  0.977     286091      57063     70    175    815  1.08(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 47:58 47:59    2  1.000      20052       3927     32     80    123
409.7788 47:58 47:59    2  1.000      18715       3740     22     55    170  1.07(0.88-1.20)

1,2,3,4,7,8,9-HpCDF M
407.7817 50:18 50:18    3  1.001       2541        552     32     80     17 M
409.7788 50:16 50:18    1  1.000       2815        497     22     55     23  0.90(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF a

407.7817 48:21 49:31  -70  1.008       2253        431     32     80     13 a
409.7788 48:21 49:31  -70  1.008       2405        385     22     55     18  0.94(0.88-1.20)

407.7817 48:36 49:31  -55  1.013      20804       4617     32     80    144 a
409.7788 48:36 49:31  -55  1.013      19972       4424     22     55    201  1.04(0.88-1.20)

OCDD
457.7377 53:53 53:52    3  1.000    2391337     536979     13     32  41306
459.7348 53:53 53:52    3  1.000    2645543     588427     14     35  42031  0.90(0.76-1.02)

OCDF M
441.7428 54:02 54:01    3  1.000      80822      19473      5     12   3895
443.7399 54:01 54:01    2  1.000      91057      20760      6     15   3460  0.89(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:49 30:48    5  1.017     325088      34986    215    537    163
333.9338 30:47 30:48    2  1.016     393038      42550    155    387    275  0.83(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:48 28:49    3  0.951     546730      60677    361    902    168
317.9389 28:49 28:49    4  0.951     655180      73314    352    880    208  0.83(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:34 40:36    3  1.339     384094      85718    195    487    440
369.8919 40:34 40:36    3  1.339     235452      55391    183    457    303  1.63(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:47 38:48    3  1.280     577417     116437    303    757    384
353.8970 38:47 38:48    3  1.280     344482      63110    262    655    241  1.68(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:02 40:04    3  1.321     597662     126564    303    757    418
353.8970 40:02 40:04    3  1.321     363994      76094    262    655    290  1.64(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:50 44:50    2  0.989     362891      97427    101    252    965
403.8529 44:50 44:50    2  0.989     273924      68596     93    232    738  1.32(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:57 44:58    2  0.992     395728      94232    101    252    933
403.8529 44:57 44:58    2  0.992     317824      73618     93    232    792  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:48 43:49    2  0.966     309238      79891    330    825    242
385.8610 43:48 43:49    2  0.966     595551     159601    351    877    455  0.52(0.43-0.59)
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDF
383.8639 43:56 43:57    2  0.969     370141      92840    330    825    281
385.8610 43:56 43:57    2  0.969     733771     180531    351    877    514  0.50(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:40 44:39    3  0.985     364642      89036    330    825    270
385.8610 44:40 44:39    3  0.985     643865     162195    351    877    462  0.57(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:35 45:36    2  1.006     330510      74439    330    825    226
385.8610 45:35 45:36    2  1.006     583636     133673    351    877    381  0.57(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:37 49:38    2  1.095     341465      63755    306    765    208
437.8140 49:37 49:38    2  1.095     295731      56696    178    445    319  1.15(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:57 47:57    3  1.058     245602      49591    155    387    320
419.8220 47:57 47:57    3  1.058     550315     113650    327    817    348  0.45(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:17    2  1.109     211622      39419    155    387    254
419.8220 50:16 50:17    2  1.109     433493      84862    327    817    260  0.49(0.37-0.51)

13C-OCDD
469.7780 53:52 53:54    2  1.189     486817     113181    148    370    765
471.7750 53:52 53:54    2  1.189     544972     121256    220    550    551  0.89(0.76-1.02)

13C-OCDF
453.7830 54:01 54:02    2  1.192     764728     171111    261    652    656
455.7801 54:01 54:02    2  1.192     828803     194604    198    495    983  0.92(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:50 30:50    4  1.018     184872      20260    153    382    132

13C-1,2,3,4-TCDD
331.9368 30:18 30:15    4     995831     115143    215    537    536
333.9338 30:17 30:15    2    1241424     130280    155    387    841  0.80(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:19 45:17    2    1332920     290635    101    252   2878
403.8529 45:19 45:17    2    1008606     225588     93    232   2426  1.32(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Inject. Date: 18-Dec-2019 03:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDD, RT: 29.435

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000          718126           77536
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000          718126           77536

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:55               928               143              1708               245      0.1564 0.54 RQ
24:55               928               143              1205               185      0.1266 Empc Correction
25:41              1197               170              1894               362      0.1834 0.63 RQ
25:41              1197               170              1554               220      0.1633 Empc Correction
26:21              1585               216              1959               440      0.2103 0.81
27:48             25223              2881             34606              4069        3.55 0.73
28:18              1266               171              1193               182      0.1459 1.06 RQM
28:18               918               140              1193               182      0.1253 Empc Correction
29:31               805               124              1404               260      0.1311 0.57 RQM
29:31               805               124              1045               161      0.1098 Empc Correction
30:20              3947               456              4807               620      0.5195 0.82
30:39              1666               206              1405               170      0.1822 1.19 RQM
30:39              1081               130              1405               170      0.1475 Empc Correction
32:02              1561               194              2031               351      0.2132 0.77 M
34:04              1107               162              1305               177      0.1431 0.85 M
Signal Totals:

            38352              4616             51110              6575
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            91597             11599 0.75 RQM
            89462             11191 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.436 = (91597 * 50.000) / (718126 * 1.173)
Empc Amount:          5.309 = (89462 * 50.000) / (718126 * 1.173)
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Inject. Date: 18-Dec-2019 03:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDF, RT: 28.156

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         1201910          133991
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         1201910          133991

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:51              2060               437              3025               403      0.1944 0.68
24:21              1600               334              1997               402      0.1375 0.80
25:06              5055               995              7736               861      0.4890 0.65
25:38               491               174              1769               501      0.0864 0.28 RQ
25:38               491               174               637               225      0.0431 Empc Correction
25:49              7431              1088             10149              1501      0.6721 0.73
26:30              4766               591              4857               551      0.3679 0.98 RQM
26:30              3739               424              4857               551      0.3286 Empc Correction
27:02              4775               560              5754               793      0.4025 0.83
27:14              1255               174               971               173      0.0851 1.29 RQMa
27:14               747               133               971               173      0.0657 Empc Correction
27:46             49435              5726             61040              7639        4.22 0.81
28:22              3682               378              4783               437      0.3236 0.77 M
30:02              7466               888              9822              1216      0.6609 0.76
30:42              1774               281              2942               321      0.1803 0.60 RQ
30:42              1774               281              2303               364      0.1559 Empc Correction
32:52              3608               435              4745               571      0.3193 0.76
33:53              7759               869             10518              1093      0.6987 0.74
Signal Totals:

            99622             12722            128337             16229
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           231265             29392 0.78 RQMa
           227959             28951 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          8.841 = (231265 * 50.000) / (1201910 * 1.088)
Empc Amount:          8.715 = (227959 * 50.000) / (1201910 * 1.088)Page 1257 of 2476
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Inject. Date: 18-Dec-2019 03:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 8

Non-2,3,7,8-sub-PeCDD, RT: 39.399

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000          619546          141109
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000          619546          141109

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:38              6832              1060              3698               697      0.8145 1.85 RQ
37:38              5731              1080              3698               697      0.7293 Empc Correction
38:29             15759              3276             10866              1818        2.06 1.45
38:55               598               163               614               106      0.0937 0.97 RQ
38:55               598               163               385               105      0.0760 Empc Correction
39:11               897               186               954               140      0.1432 0.94 RQ
39:11               897               186               578               120      0.1141 Empc Correction
39:24               675               162               390                83      0.0824 1.73
39:42               770               201               852               190      0.1255 0.90 RQ
39:42               770               201               496               129      0.0979 Empc Correction
39:50              6142               932              4110               572      0.7930 1.49
41:16               943               304               269                46      0.0937 3.51 RQ
41:16               416                71               269                46      0.0530 Empc Correction
Signal Totals:

            30988              6071             20792              3570
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            54369              9936 1.50 RQ
            51780              9641 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.205 = (54369 * 50.000) / (619546 * 1.043)
Empc Amount:          4.005 = (51780 * 50.000) / (619546 * 1.043)
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Inject. Date: 18-Dec-2019 03:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 8

Non-2,3,7,8-sub-PeCDF, RT: 37.968

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000          921899          179547
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000          961656          202658
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000          941777          191102

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:42              3912               449              2039               317      0.2748 1.92 RQM
34:42              3160               491              2039               317      0.2401 Empc Correction
37:16              5253               812              4736               561      0.4613 1.11 RQ
37:16              5253               812              3389               523      0.3991 Empc Correction
38:08              3834               529              1869               252      0.2634 2.05 RQ
38:08              2896               390              1869               252      0.2201 Empc Correction
38:41               687               202               515               137      0.0555 1.33 Ma
39:20              4011               396              2794               328      0.3143 1.44
40:17              1788               293              1239               223      0.1398 1.44 M
41:25               755               248               588               136      0.0620 1.28 RQM
41:25               755               248               487               160      0.0574 Empc Correction
Signal Totals:

            18550              2832             12332              1940
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            34020              4883 1.47 RQMa
            30882              4772 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.571 = (34020 * 50.000) / (941777 * 1.150)
Empc Amount:          1.426 = (30882 * 50.000) / (941777 * 1.150)
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Inject. Date: 18-Dec-2019 03:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 8

Non-2,3,7,8-sub-HxCDD, RT: 44.269

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000          636815          166023
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000          713552          167850
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000          675183          166936

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:17            126395             32782             99954             26138        14.3 1.26
43:51              3414               941              2514               611      0.3752 1.36
44:08             28334              6760             21572              5490        3.16 1.31
44:18              3637               794              3047               671      0.4230 1.19
Signal Totals:

           161780             41277            127087             32910
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           288867             74187 1.27

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         18.283 = (288867 * 50.000) / (675183 * 1.170)
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Inject. Date: 18-Dec-2019 03:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 8

Non-2,3,7,8-sub-HxCDF, RT: 44.125

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000          904789          239492
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         1103912          273371
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         1008507          251231
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000          914146          208112
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000          982838          243051

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:35              2059               549              1810               456      0.1525 1.14
42:46              7725              2164              7672              1895      0.6070 1.01 RQM
42:46              7725              2164              6229              1745      0.5501 Empc Correction
43:22              5801              1582              5357              1456      0.4399 1.08
43:34             12541              3307              8659              2497      0.8358 1.45 RQ
43:34             10737              3096              8659              2497      0.7646 Empc Correction
44:29              3019               643              2627               624      0.2226 1.15
Signal Totals:

            29341              8034             24682              6778
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            57270             15173 1.19 RQM
            54023             14812 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.258 = (57270 * 50.000) / (982838 * 1.290)
Empc Amount:          2.130 = (54023 * 50.000) / (982838 * 1.290)
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Inject. Date: 18-Dec-2019 03:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDD, RT: 49.003

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000          637196          120451
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000          637196          120451

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:28            309404             60280            286091             57063        41.7 1.08
Signal Totals:

           309404             60280            286091             57063
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           595495            117343 1.08

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         41.705 = (595495 * 50.000) / (637196 * 1.120)
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Inject. Date: 18-Dec-2019 03:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDF, RT: 49.509

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000          795917          163241
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000          645115          124281
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000          720516          143761

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:21              2253               431              2405               385      0.2245 0.94 a
48:36             20804              4617             19972              4424        1.97 1.04 a
Signal Totals:

            23057              5048             22377              4809
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            45434              9857 1.03 a

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.190 = (45434 * 50.000) / (720516 * 1.440)

QC Flag Legend

Review Flags
a - User Assigned ID
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
TCDD
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
TCDD
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Report Date: 18-Dec-2019 08:34:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  30.81

30.4 30.6 30.8 31.0 31.2 31.4
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

0)

F1:m/z     319.8965

Manual Integration Results
RT:  30.88
Area: 18903
Amount:    2.637891
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:26:27
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 28.357 Area = 425
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Manual Integration Results
RT = 28.357 Area = 1193 M
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Reviewer: davidsonm, 18-Dec-2019 08:28:05
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 29.503 Area = 805
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Manual Integration Results
RT = 29.503 Area = 805
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Reviewer: davidsonm, 18-Dec-2019 08:27:51
Audit Action: Assigned Compound ID Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 30.647 Area = 1614
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Manual Integration Results
RT = 30.647 Area = 1666 M
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Reviewer: davidsonm, 18-Dec-2019 08:27:51
Audit Action: Assigned Compound ID Audit Reason: Incomplete Integration

Page 1273 of 2476



Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 30.546 Area = 1264
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Manual Integration Results
RT = 30.546 Area = 1405 M
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Reviewer: davidsonm, 18-Dec-2019 08:28:05
Audit Action: Manually Integrated Audit Reason: Incomplete Integration

Page 1274 of 2476



Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 31.910 Area = 1220

31.3 31.5 31.7 31.9 32.1 32.3 32.5
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

Y
 ( 

X
10

0)
F1:m/z     321.8936

Manual Integration Results
RT = 31.910 Area = 2031 M

31.3 31.5 31.7 31.9 32.1 32.3 32.5
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

Y
 ( 

X
10

0)

F1:m/z     321.8936

Reviewer: davidsonm, 18-Dec-2019 08:28:05
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 34.066 Area = 1107
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Manual Integration Results
RT = 34.066 Area = 1107
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Reviewer: davidsonm, 18-Dec-2019 08:27:51
Audit Action: Assigned Compound ID Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 34.049 Area = 930
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Manual Integration Results
RT = 34.049 Area = 1305 M
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Reviewer: davidsonm, 18-Dec-2019 08:28:05
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
TCDF
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TCDF Standards
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 26.488 Area = 3683
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Manual Integration Results
RT = 26.488 Area = 4766 M

25.6 25.8 26.0 26.2 26.4 26.6 26.8 27.0 27.2
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

Y
 ( 

X
10

00
)

F1:m/z     303.9016

Reviewer: davidsonm, 18-Dec-2019 08:29:41
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
Not Detected
RT:  22.41- 33.91
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Manual Integration Results
RT = 27.229 Area = 1255 M
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Reviewer: davidsonm, 18-Dec-2019 08:29:41
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
RT = 28.391 Area = 3244
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Manual Integration Results
RT = 28.391 Area = 4783 M
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Reviewer: davidsonm, 18-Dec-2019 08:29:07
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
PeCDF
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
PeCDF
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1,2,3,7,8-PeCDF
          38.79

Non-2,3,7,8-sub-PeCDF
          37.25

Non-2,3,7,8-sub-PeCDF
          34.68

Non-2,3,7,8-sub-PeCDF
          41.41
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          34.68
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          41.37

PeCDF Lock Mass
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Report Date: 18-Dec-2019 08:34:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
PeCDF
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          38.79
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          37.25

Non-2,3,7,8-sub-PeCDF
          34.68

Non-2,3,7,8-sub-PeCDF
          41.41
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          41.37

PeCDF Interference Mass
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  38.79
Area: 6930
Amount:    0.499426
Amount Units: pg/ul
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Manual Integration Results
RT:  38.79
Area: 6814
Amount:    0.493089
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:30:33
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  38.77
Area: 4026
Amount:    0.499426
Amount Units: pg/ul
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Manual Integration Results
RT:  38.77
Area: 4003
Amount:    0.493089
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:30:35
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

2,3,4,7,8-PeCDF, CAS: 57117-31-4
Signal: 1

Processing Integration Results
RT:  40.05
Area: 5482
Amount:    0.418867
Amount Units: pg/ul
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Manual Integration Results
RT:  40.05
Area: 5866
Amount:    0.452515
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:30:48
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

2,3,4,7,8-PeCDF, CAS: 57117-31-4
Signal: 2

Processing Integration Results
RT:  40.03
Area: 3456
Amount:    0.418867
Amount Units: pg/ul

39.6 39.8 40.0 40.2 40.4
Min

2

8

14

20

26

32

38

44

50

56

62

68

74

80

86

Y
 ( 

X
10

)

F2:m/z     341.8567

 4
0.

02
9

Manual Integration Results
RT:  40.03
Area: 3790
Amount:    0.452515
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:30:51
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.56- 41.38)
Signal: 1

Processing Integration Results
RT = 34.685 Area = 3045
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Manual Integration Results
RT = 34.685 Area = 3912 M
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Reviewer: davidsonm, 18-Dec-2019 08:31:52
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.56- 41.38)
Signal: 2

Processing Integration Results
Not Detected
RT:  34.56- 41.38
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Manual Integration Results
RT = 34.685 Area = 2039 M
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Reviewer: davidsonm, 18-Dec-2019 08:31:45
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.56- 41.38)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.56- 41.38
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Manual Integration Results
RT = 38.667 Area = 687 M
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Reviewer: davidsonm, 18-Dec-2019 08:31:52
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.56- 41.38)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.56- 41.38
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Manual Integration Results
RT = 40.271 Area = 1788 M
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Reviewer: davidsonm, 18-Dec-2019 08:31:52
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.56- 41.38)
Signal: 2

Processing Integration Results
Not Detected
RT:  34.56- 41.38
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Manual Integration Results
RT = 40.271 Area = 1239 M
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Reviewer: davidsonm, 18-Dec-2019 08:31:45
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 34.56- 41.38)
Signal: 1

Processing Integration Results
Not Detected
RT:  34.56- 41.38
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Manual Integration Results
RT = 41.408 Area = 755 M
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Reviewer: davidsonm, 18-Dec-2019 08:31:52
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 1300 of 2476



Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.56- 41.38)
Signal: 2

Processing Integration Results
Not Detected
RT:  34.56- 41.38
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Manual Integration Results
RT = 41.374 Area = 588 M
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Reviewer: davidsonm, 18-Dec-2019 08:31:45
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  44.81
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Manual Integration Results
RT:  44.84
Area: 1910
Amount:    0.198621
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:32:56
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  44.96
Area: 3820
Amount:    0.499487
Amount Units: pg/ul
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Manual Integration Results
RT:  44.96
Area: 2972
Amount:    0.434976
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:32:49
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  44.96
Area: 4364
Amount:    0.499487
Amount Units: pg/ul
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Manual Integration Results
RT:  44.96
Area: 4155
Amount:    0.434976
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:32:51
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  45.33
Area: 7359
Amount:    0.934307
Amount Units: pg/ul
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Manual Integration Results
RT:  45.33
Area: 6975
Amount:    0.883853
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:33:03
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  45.31
Area: 8048
Amount:    0.934307
Amount Units: pg/ul
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Manual Integration Results
RT:  45.31
Area: 7600
Amount:    0.883853
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:33:05
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
HxCDF
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HxCDF Lock Mass
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  43.94
Area: 4159
Amount:    0.346416
Amount Units: pg/ul
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Manual Integration Results
RT:  43.94
Area: 3594
Amount:    0.326364
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:33:15
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.50- 45.75)
Signal: 2

Processing Integration Results
RT = 42.760 Area = 8280
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Manual Integration Results
RT = 42.760 Area = 7672 M
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Reviewer: davidsonm, 18-Dec-2019 08:33:24
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
HpCDD

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
)

F4:m/z     423.7767
Non-2,3,7,8-sub-HpCDD
          48.46

1,2,3,4,6,7,8-HpCDD
          49.64

51.51 52.0551.1350.30

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
)

F4:m/z     425.7737
Non-2,3,7,8-sub-HpCDD
          48.46

1,2,3,4,6,7,8-HpCDD
          49.62

51.6751.23

HpCDD Standards

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
)

F4:m/z     435.8169
13C-1,2,3,4,6,7,8-HpCDD
          49.61

49.93

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
)

F4:m/z     437.8140
13C-1,2,3,4,6,7,8-HpCDD
          49.61

49.9348.46
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
HpCDD
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          48.46
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          49.64
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
HpCDF
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          50.30
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          50.26
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
HpCDF
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          48.59

47.73

48.76
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          50.30
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HpCDF Lock Mass
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
HpCDF
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          48.59

47.73

48.76
1,2,3,4,7,8,9-HpCDF
          50.30

47.22 50.42
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47.73

48.76 1,2,3,4,7,8,9-HpCDF
          50.26

48.12 51.73

HpCDF Interference Mass
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Report Date: 18-Dec-2019 08:34:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  50.30
Area: 2791
Amount:    0.314691
Amount Units: pg/ul
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Manual Integration Results
RT:  50.30
Area: 2541
Amount:    0.300657
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:33:53
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:34:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 08:34:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
OCDD
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OCDD Lock Mass
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Report Date: 18-Dec-2019 08:34:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 08:34:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 08:34:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36166 Sample Line#: 8
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 08:34:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 03:59:00 Instrument ID: D2A
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  54.00
Area: 85834
Amount:    9.369801
Amount Units: pg/ul

53.5 53.7 53.9 54.1 54.3 54.5
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
)

F5:m/z     443.7399

 5
4.

00
4

Manual Integration Results
RT:  54.00
Area: 91057
Amount:    9.663451
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:34:24
Audit Action: Manually Integrated Audit Reason: Baseline
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(2-4)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-14

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-14-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  12:00

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  15:25

Low1(uL)

20(uL)

% Moisture: 24.0

Sample wt/vol: 10.27(g)

N

Analysis Batch No.: 36178 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.1951207-31-9 2,3,7,8-TCDF 18

%RECCAS NO. LIMITSQISOTOPE DILUTION

57 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 20:45:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A         
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Sample Type: Client
Inject. Date: 18-Dec-2019 15:25:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014075-009
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 20:45:38 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 20:45:38

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:43      65081 0.70   1.2213       2.331       2.331   0.1432   0.1432
  2,3,7,8-TCDF 22:13     267931 0.81   1.1100       7.118       7.118   0.0723   0.0723  Ma
D 13C-2,3,7,8-TCDD 19:41    1142896 0.78   1.0031        31.2        31.2   0.4315   0.4315  62.47
D 13C-2,3,7,8-TCDF 22:11    1695399 0.78   1.6193        28.7        28.7   0.2145   0.2145  57.40
$ 37Cl4-2,3,7,8-TCDD 19:42     288093   1.1834       6.674       6.674   0.0844   0.0844  66.74

* 13C-1,2,3,4-TCDD 20:07    3647963 0.79  1.6E+05       100.0       100.0

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 20:45:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-14-a.d
Lims ID: 140-17578-A-14-A         
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Sample Type: Client
Inject. Date: 18-Dec-2019 15:25:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014075-009
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 20:45:38 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 20:45:38

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:43 19:42    0  1.002      26753       4455    113    282     39
321.8936 19:41 19:42   -2  1.000      38328       5564    139    347     40  0.70(0.65-0.89)

2,3,7,8-TCDF Ma
303.9016 22:13 22:13    0  1.002     119665      14799     71    177    208 M
305.8987 22:13 22:13    0  1.002     148266      19959     84    210    238  0.81(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:41 19:39    0  0.978     502556      81652    532   1330    153
333.9338 19:41 19:39    0  0.978     640340      98410    451   1127    218  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:11 22:10    0  1.103     745361     103401    432   1080    239
317.9389 22:11 22:10    0  1.103     950038     137722    357    892    386  0.78(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:42 19:41   -1  0.979     288093      43136    227    567    190

13C-1,2,3,4-TCDD
331.9368 20:07 20:08   -1    1610249     251640    532   1330    473
333.9338 20:07 20:08   -1    2037714     316044    451   1127    701  0.79(0.65-0.89)

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 20:45:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 15:25:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36178 Sample Line#: 9
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 20:45:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 15:25:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36178 Sample Line#: 9
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 20:45:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 15:25:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Worklist#: 36178 Sample Line#: 9
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 20:45:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 15:25:00 Instrument ID: D12C
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  22.21
Area: 148266
Amount:    5.594951
Amount Units: pg/ul
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Manual Integration Results
RT:  22.21
Area: 148266
Amount:    7.118453
Amount Units: pg/ul
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Reviewer: mcwhirterl, 18-Dec-2019 20:45:15
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 20:45:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 15:25:00 Instrument ID: D12C
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 3

Processing Integration Results
RT:  22.21
Area: 210588
Amount:    5.594951
Amount Units: pg/ul
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Manual Integration Results
RT:  22.21
Area: 267931
Amount:    7.118453
Amount Units: pg/ul
Reviewer: mcwhirterl, 18-Dec-2019 20:45:15
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 20:45:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-14-a.d
Injection Date: 18-Dec-2019 15:25:00 Instrument ID: D12C
Lims ID: 140-17578-A-14-A         Lab Sample ID: 140-17578-14             
Client ID: 11187072-120719-SS-SJSSA02(2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  22.21
Area: 62322
Amount:    5.594951
Amount Units: pg/ul
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Manual Integration Results
RT:  22.21
Area: 119665
Amount:    7.118453
Amount Units: pg/ul
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Reviewer: mcwhirterl, 18-Dec-2019 20:45:17
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-15

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-15-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  12:05

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  05:00

Low1(uL)

20(uL)

% Moisture: 20.3

Sample wt/vol: 10.13(g)

N

Analysis Batch No.: 36166 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.2 0.081J q1746-01-6 2,3,7,8-TCDD 0.62

1.2 0.081B q41903-57-5 Total TCDD 5.2

6.2 0.08040321-76-4 1,2,3,7,8-PeCDD ND

6.2 0.080J q36088-22-9 Total PeCDD 4.6

6.2 0.091J39227-28-6 1,2,3,4,7,8-HxCDD 0.39

6.2 0.088J57653-85-7 1,2,3,6,7,8-HxCDD 0.54

6.2 0.084J q19408-74-3 1,2,3,7,8,9-HxCDD 1.0

6.2 0.088B q34465-46-8 Total HxCDD 26

6.2 0.17B35822-46-9 1,2,3,4,6,7,8-HpCDD 22

6.2 0.17B37871-00-4 Total HpCDD 70

12 0.022B3268-87-9 OCDD 450

1.2 0.079B q30402-14-3 Total TCDF 5.0

6.2 0.1057117-41-6 1,2,3,7,8-PeCDF ND

6.2 0.10J57117-31-4 2,3,4,7,8-PeCDF 0.26

6.2 0.10J I q30402-15-4 Total PeCDF 0.88

6.2 0.079J70648-26-9 1,2,3,4,7,8-HxCDF 0.42

6.2 0.075J57117-44-9 1,2,3,6,7,8-HxCDF 0.23

6.2 0.08160851-34-5 2,3,4,6,7,8-HxCDF ND

6.2 0.1172918-21-9 1,2,3,7,8,9-HxCDF ND

6.2 0.087J I q55684-94-1 Total HxCDF 2.2

6.2 0.043J B67562-39-4 1,2,3,4,6,7,8-HpCDF 0.90

6.2 0.06255673-89-7 1,2,3,4,7,8,9-HpCDF ND

6.2 0.053J B q38998-75-3 Total HpCDF 2.3

12 0.099J B39001-02-0 OCDF 5.3

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-15

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-15-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  12:05

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  05:00

Low1(uL)

20(uL)

% Moisture: 20.3

Sample wt/vol: 10.13(g)

N

Analysis Batch No.: 36166 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

67 25-16476523-40-5 13C-2,3,7,8-TCDD

62 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

68 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

67 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

66 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

57 17-157114423-97-1 13C-OCDD

66 24-16989059-46-1 13C-2,3,7,8-TCDF

63 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

60 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

69 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

69 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

69 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

68 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

64 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

62 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

62 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

71 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A         
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 05:00:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-009
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 08:43:16 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 08:43:16

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:50       3665 0.77   1.1733      0.2699      0.2504   0.0328   0.0328  RQ
A Non-2,3,7,8-sub-TCDD 29:27      27034 0.77   1.1733       1.971       1.847   0.0328    1.099  RQMa
S Total TCDD       2.241       2.098   0.0328   0.0328  RQ

  2,3,7,8-TCDF 28:51      19532 0.82   1.0881      0.8923      0.8923   0.0318   0.0318  M
A Non-2,3,7,8-sub-TCDF 28:10      25067 0.77   1.0881       1.371       1.145   0.0318   0.3100  RQMa
S Total TCDF       2.264       2.037   0.0318   0.0318  RQ

  1,2,3,7,8-PeCDD 40:33   0.0323   0.0323
A Non-2,3,7,8-sub-PeCDD 39:24      18507 1.55   1.0434       2.032       1.872   0.0323   0.9603  RQ
S Total PeCDD       2.032       1.872   0.0323   0.0323  RQ

  1,2,3,7,8-PeCDF 38:45   0.0406   0.0406
  2,3,4,7,8-PeCDF 40:03       1684 1.59   1.1095      0.1049      0.1049   0.0407   0.0407  M
A Non-2,3,7,8-sub-PeCDF 37:59       4287 1.55   1.1496      0.2758      0.2521   0.0406   0.1296  RQ
S Total PeCDF      0.3807      0.3570   0.0407   0.0407  RQ

  1,2,3,4,7,8-HxCDD 44:50       1867 1.11   1.1409      0.1562      0.1562   0.0368   0.0368  Ma
  1,2,3,6,7,8-HxCDD 44:56       2722 1.27   1.1481      0.2188      0.2188   0.0357   0.0357  M
  1,2,3,7,8,9-HxCDD 45:19       5340 1.24   1.2212      0.5264      0.4104   0.0339   0.0339  RQM
A Non-2,3,7,8-sub-HxCDD 44:17     121451 1.24   1.1700       9.878       9.742   0.0354    7.537  RQ
S Total HxCDD        10.8        10.5   0.0355   0.0355  RQ

  1,2,3,4,7,8-HxCDF 43:47       3338 1.27   1.3629      0.1694      0.1694   0.0319   0.0319  M
  1,2,3,6,7,8-HxCDF 43:56       2106 1.11   1.2762      0.0928      0.0928   0.0304   0.0304  Ma
  2,3,4,6,7,8-HxCDF 44:38   0.0327   0.0327
  1,2,3,7,8,9-HxCDF 45:35   0.0458   0.0458
A Non-2,3,7,8-sub-HxCDF 44:08      12914 1.24   1.2905      0.7010      0.6401   0.0343   0.2435  RQ
S Total HxCDF      0.9632      0.9023   0.0352   0.0352  RQ

  1,2,3,4,6,7,8-HpCDD 49:37      94564 1.05   1.1204       8.891       8.891   0.0678   0.0678
A Non-2,3,7,8-sub-HpCDD 49:01     207933 1.06   1.1204        19.6        19.6   0.0678     19.6  a
S Total HpCDD        28.4        28.4   0.0678   0.0678

  1,2,3,4,6,7,8-HpCDF 47:57       6425 0.96   1.4984      0.3616      0.3616   0.0174   0.0174  M
  1,2,3,4,7,8,9-HpCDF 50:16   0.0250   0.0250
A Non-2,3,7,8-sub-HpCDF 49:31       8753 1.04   1.4395      0.5850      0.5645   0.0207   0.5338  RQa
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Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF      0.9466      0.9261   0.0212   0.0212  RQ

  OCDD 53:52    1558829 0.91   1.2073       183.6       183.6 0.008868 0.008868
  OCDF 54:00      27503 0.91   1.1162       2.150       2.150   0.0400   0.0400  M
D 13C-2,3,7,8-TCDD 30:49     623629 0.82   1.0709        33.4        33.4   0.3408   0.3408  66.73
D 13C-2,3,7,8-TCDF 28:49    1005829 0.77   1.7545        32.8        32.8   0.4339   0.4339  65.69
D 13C-1,2,3,7,8-PeCDD 40:33     473866 1.69   0.8743        31.1        31.1   0.5507   0.5507  62.11
D 13C-1,2,3,7,8-PeCDF 38:45     756046 1.61   1.3704        31.6        31.6   0.4088   0.4088  63.22
D 13C-2,3,4,7,8-PeCDF 40:01     723245 1.54   1.3837        29.9        29.9   0.4049   0.4049  59.89
D 13C-1,2,3,4,7,8-HxCDD 44:48     523831 1.33   0.8772        34.1        34.1   0.1001   0.1001  68.14
D 13C-1,2,3,6,7,8-HxCDD 44:55     541664 1.31   0.9171        33.7        33.7   0.0958   0.0958  67.40
D 13C-1,2,3,4,7,8-HxCDF 43:46     722710 0.54   1.1892        34.7        34.7   0.3038   0.3038  69.35
D 13C-1,2,3,6,7,8-HxCDF 43:55     889302 0.51   1.4625        34.7        34.7   0.2471   0.2471  69.39
D 13C-2,3,4,6,7,8-HxCDF 44:38     798507 0.52   1.3197        34.5        34.5   0.2738   0.2738  69.05
D 13C-1,2,3,7,8,9-HxCDF 45:35     716501 0.52   1.2001        34.1        34.1   0.3011   0.3011  68.13
D 13C-1,2,3,4,6,7,8-HpCDD 49:36     474640 1.06   0.8155        33.2        33.2   0.2262   0.2262  66.42
D 13C-1,2,3,4,6,7,8-HpCDF 47:56     592884 0.47   1.0496        32.2        32.2   0.3478   0.3478  64.46
D 13C-1,2,3,4,7,8,9-HpCDF 50:16     484219 0.43   0.8947        30.9        30.9   0.4081   0.4081  61.76
D 13C-OCDD 53:51     703254 0.93   0.7044        57.0        57.0   0.3854   0.3854  56.96
D 13C-OCDF 53:59    1146010 0.86   1.0615        61.6        61.6   0.3362   0.3362  61.60
$ 37Cl4-2,3,7,8-TCDD 30:51     152365   1.2266       7.117       7.117   0.0736   0.0736  71.17

* 13C-1,2,3,4-TCDD 30:18    1745368 0.81  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:19    1752669 1.28    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A         
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 05:00:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-009
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 08:43:16 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 08:43:16

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD RQ
319.8965 30:50 30:53    1  1.001       1879        364     11     27     33

Empc Correction       1594        223     11     27     20
321.8936 30:52 30:53    3  1.002       2071        290     10     25     29  0.91(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 24:55 29:27 -271  0.809        562         84     11     27      8 M
321.8936 24:55 29:27 -271  0.809        993        192     10     25     19  0.57(0.65-0.89)

Empc Correction        729        109     10     25     11

319.8965 26:18 29:27 -188  0.854        772         88     11     27      8
321.8936 26:17 29:27 -189  0.853       1781        255     10     25     26  0.43(0.65-0.89) M

Empc Correction       1002        114     10     25     11

319.8965 27:48 29:27  -98  0.902       6555        882     11     27     80
321.8936 27:47 29:27  -99  0.902       9523       1169     10     25    117  0.69(0.65-0.89)

319.8965 30:19 29:27   52  0.984       2408        242     11     27     22 M
Empc Correction       2065        405     11     27     37

321.8936 30:18 29:27   51  0.983       2683        526     10     25     53  0.90(0.65-0.89) M

319.8965 30:36 29:27   69  0.993       1022        150     11     27     14 M
321.8936 30:45 29:27   78  0.998       1247        171     10     25     17  0.82(0.65-0.89) M

319.8965 32:00 29:27  153  1.038        302         71     11     27      6
Empc Correction        244         35     11     27      3

321.8936 32:02 29:27  155  1.039        318         46     10     25      5  0.95(0.65-0.89)

319.8965 34:04 29:27  277  1.105        136         54     11     27      5 a
321.8936 34:03 29:27  276  1.105        541        130     10     25     13  0.25(0.65-0.89)

Empc Correction        176         70     10     25      7

2,3,7,8-TCDF M
303.9016 28:51 28:52    2  1.001       8818       1045     14     35     75 M
305.8987 28:53 28:52    4  1.002      10714       1146     19     47     60  0.82(0.65-0.89)
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Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-TCDF RQMa

303.9016 23:50 28:10 -260  0.827       2036        376     14     35     27
Empc Correction       1349        176     14     35     13

305.8987 23:52 28:10 -258  0.828       1752        229     19     47     12  1.16(0.65-0.89)

303.9016 24:19 28:10 -230  0.844        819         89     14     35      6 M
305.8987 24:25 28:10 -224  0.847       1189        158     19     47      8  0.69(0.65-0.89)

303.9016 25:07 28:10 -182  0.872       1379        118     14     35      8 M
Empc Correction        870         98     14     35      7

305.8987 25:07 28:10 -182  0.872       1131        128     19     47      7  1.22(0.65-0.89)

303.9016 25:50 28:10 -140  0.897        740         81     14     35      6 M
305.8987 25:51 28:10 -139  0.897       1539        221     19     47     12  0.48(0.65-0.89) M

Empc Correction        961        105     19     47      6

303.9016 26:27 28:10 -102  0.918        933        113     14     35      8 M
305.8987 26:32 28:10  -97  0.921       1053        121     19     47      6  0.89(0.65-0.89) M

303.9016 27:04 28:10  -66  0.939        594        128     14     35      9
305.8987 27:02 28:10  -68  0.938        751        121     19     47      6  0.79(0.65-0.89)

303.9016 27:47 28:10  -23  0.964       2952        493     14     35     35 M
305.8987 27:45 28:10  -25  0.963       5634        586     19     47     31  0.52(0.65-0.89)

Empc Correction       3833        640     19     47     34

303.9016 28:28 28:10   18  0.988        404         59     14     35      4
305.8987 28:13 28:10    4  0.980       1149        124     19     47      7  0.35(0.65-0.89) M

Empc Correction        524         76     19     47      4

303.9016 30:04 28:10  114  1.044       1041        147     14     35     11
305.8987 30:02 28:10  112  1.043       1376        176     19     47      9  0.76(0.65-0.89)

303.9016 32:54 28:10  284  1.142       1216        175     14     35     13
305.8987 32:52 28:10  282  1.141       2333        338     19     47     18  0.52(0.65-0.89) M

Empc Correction       1579        227     19     47     12

1,2,3,7,8-PeCDD
355.8546 40:35      10      25
357.8516 40:35      19      47

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 37:37 39:24 -107  0.928       2180        475     10     25     48
357.8516 37:37 39:24 -107  0.928       1412        308     19     47     16  1.54(1.32-1.78)

355.8546 38:29 39:24  -56  0.949       6809       1532     10     25    153
Empc Correction       5772       1292     10     25    129

357.8516 38:28 39:24  -57  0.949       3724        834     19     47     44  1.83(1.32-1.78)

355.8546 39:09 39:24  -15  0.966        339         70     10     25      7
357.8516 39:08 39:24  -16  0.965        426        119     19     47      6  0.80(1.32-1.78)

Empc Correction        218         45     19     47      2

355.8546 39:41 39:24   17  0.979        612        190     10     25     19
357.8516 39:40 39:24   16  0.978        733        253     19     47     13  0.83(1.32-1.78)

Empc Correction        394        122     19     47      6

355.8546 39:49 39:24   25  0.982       2390        370     10     25     37
357.8516 39:50 39:24   26  0.983       1466        331     19     47     17  1.63(1.32-1.78)
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Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDF
339.8597 38:47      35      87
341.8567 38:47      22      55

2,3,4,7,8-PeCDF M
339.8597 40:03 40:02    2  1.001       1034        184     35     87      5 M
341.8567 40:02 40:02    1  1.000        650        135     22     55      6  1.59(1.32-1.78) M

A Non-2,3,7,8-sub-PeCDF RQ

339.8597 37:15 37:59  -43  0.961       1401        224     35     87      6
341.8567 37:15 37:59  -43  0.961        803        128     22     55      6  1.74(1.32-1.78)

339.8597 39:26 37:59   87  1.017       1669        344     35     87     10
Empc Correction       1266        362     35     87     10

341.8567 39:24 37:59   85  1.016        817        234     22     55     11  2.04(1.32-1.78)

1,2,3,4,7,8-HxCDD Ma
389.8158 44:50 44:49    1  1.001        981        250     14     35     18 M
391.8127 44:49 44:49    0  1.000        886        382     30     75     13  1.11(1.05-1.43) M

1,2,3,6,7,8-HxCDD M
389.8158 44:56 44:56    0  1.000       1525        458     14     35     33 M
391.8127 44:56 44:56    0  1.000       1197        345     30     75     12  1.27(1.05-1.43) M

1,2,3,7,8,9-HxCDD RQM
389.8158 45:19 45:19    0  1.011       4465        887     14     35     63

Empc Correction       2956        517     14     35     37
391.8127 45:19 45:19    0  1.011       2384        417     30     75     14  1.87(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD RQ

389.8158 43:16 44:17  -60  0.963      52507      14203     14     35   1015
391.8127 43:16 44:17  -60  0.963      41457      10826     30     75    361  1.27(1.05-1.43)

389.8158 43:51 44:17  -26  0.976       2895        502     14     35     36
Empc Correction       1801        391     14     35     28

391.8127 43:51 44:17  -26  0.976       1453        316     30     75     11  1.99(1.05-1.43)

389.8158 44:08 44:17   -9  0.982      12640       2604     14     35    186
391.8127 44:08 44:17   -9  0.982       9148       2168     30     75     72  1.38(1.05-1.43)

389.8158 44:19 44:17    2  0.986       1354        323     14     35     23
391.8127 44:16 44:17   -1  0.985       1695        249     30     75      8  0.80(1.05-1.43)

Empc Correction       1091        260     30     75      9

1,2,3,4,7,8-HxCDF M
373.8208 43:47 43:49    0  1.000       1867        343     16     40     21 M
375.8178 43:49 43:49    1  1.001       1471        325     51    127      6  1.27(1.05-1.43) M

1,2,3,6,7,8-HxCDF Ma
373.8208 43:56 43:56    0  1.000       1109        329     16     40     21 M
375.8178 43:57 43:56    1  1.001        997        251     51    127      5  1.11(1.05-1.43) M

2,3,4,6,7,8-HxCDF
373.8208 44:40      16      40
375.8178 44:40      51     127

1,2,3,7,8,9-HxCDF
373.8208 45:36      16      40
375.8178 45:36      51     127
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Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HxCDF RQ

373.8208 42:45 44:08  -83  0.973       1156        347     16     40     22
375.8178 42:45 44:08  -83  0.973       1019        209     51    127      4  1.13(1.05-1.43)

373.8208 43:21 44:08  -47  0.987       1462        363     16     40     23
375.8178 43:21 44:08  -47  0.987       1860        289     51    127      6  0.79(1.05-1.43)

Empc Correction       1179        292     51    127      6

373.8208 43:32 44:08  -36  0.992       2889        836     16     40     52
375.8178 43:33 44:08  -35  0.992       2023        649     51    127     13  1.43(1.05-1.43)

373.8208 44:29 44:08   21  1.013       1764        504     16     40     32
375.8178 44:28 44:08   20  1.013       1971        490     51    127     10  0.89(1.05-1.43)

Empc Correction       1422        406     51    127      8

1,2,3,4,6,7,8-HpCDD
423.7767 49:37 49:38    1  1.000      48380       8264     20     50    413
425.7737 49:37 49:38    1  1.000      46184       8530     30     75    284  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD a

423.7767 48:26 49:01  -34  0.977     106984      21181     20     50   1059 a
425.7737 48:26 49:01  -34  0.977     100949      20573     30     75    686  1.06(0.88-1.20)

1,2,3,4,6,7,8-HpCDF M
407.7817 47:57 47:57    0  1.000       3155        685     24     60     29 M
409.7788 47:58 47:57    1  1.001       3270        803      1      2    803  0.96(0.88-1.20) M

1,2,3,4,7,8,9-HpCDF
407.7817 50:17      24      60
409.7788 50:17       1       2

A Non-2,3,7,8-sub-HpCDF RQa

407.7817 48:20 49:31  -71  1.008        561         86     24     60      4 a
Empc Correction        243         58     24     60      2

409.7788 48:22 49:31  -69  1.009        234         56      1      2     56  2.40(0.88-1.20)

407.7817 48:36 49:31  -55  1.014       4447       1028     24     60     43 a
409.7788 48:35 49:31  -56  1.013       3829        809      1      2    809  1.16(0.88-1.20)

OCDD
457.7377 53:52 53:52    1  1.000     741940     161243      1      2 161243
459.7348 53:52 53:52    1  1.000     816889     181801      6     15  30300  0.91(0.76-1.02)

OCDF M
441.7428 54:00 54:00    1  1.000      13072       3272     35     87     93 M
443.7399 54:00 54:00    1  1.000      14431       3676     10     25    368  0.91(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:49 30:48    4  1.017     281215      33461    178    445    188
333.9338 30:49 30:48    4  1.017     342414      34177    100    250    342  0.82(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:49 28:49    3  0.951     439020      49343    239    597    206
317.9389 28:50 28:49    4  0.952     566809      69221    341    852    203  0.77(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:33 40:36    1  1.339     297675      65611    165    412    398
369.8919 40:33 40:36    1  1.339     176191      41371    202    505    205  1.69(1.32-1.78)
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Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDF
351.9000 38:45 38:48    1  1.279     466509      89875    212    530    424
353.8970 38:45 38:48    1  1.279     289537      57123    215    537    266  1.61(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:01 40:04    1  1.321     438262      93437    212    530    441
353.8970 40:01 40:04    1  1.321     284983      63689    215    537    296  1.54(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:48 44:50    0  0.989     299274      74514    113    282    659
403.8529 44:48 44:50    0  0.989     224557      56603     27     67   2096  1.33(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:55 44:58    0  0.991     307629      75309    113    282    666
403.8529 44:55 44:58    0  0.991     234035      58905     27     67   2182  1.31(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:46 43:49    0  0.966     251982      69567    243    607    286
385.8610 43:46 43:49    0  0.966     470728     122531    333    832    368  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:55 43:57    0  0.969     302084      73297    243    607    302
385.8610 43:55 43:57    0  0.969     587218     142134    333    832    427  0.51(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:38 44:39    1  0.985     272581      68274    243    607    281
385.8610 44:38 44:39    1  0.985     525926     133382    333    832    401  0.52(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:35 45:36    1  1.006     244058      49106    243    607    202
385.8610 45:34 45:36    0  1.006     472443      95879    333    832    288  0.52(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:36 49:38    1  1.095     244609      42512    199    497    214
437.8140 49:36 49:38    1  1.095     230031      39766     95    237    419  1.06(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:56 47:57    1  1.058     188514      38642    276    690    140
419.8220 47:57 47:57    2  1.058     404370      80007    306    765    261  0.47(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:17    1  1.109     144909      25777    276    690     93
419.8220 50:16 50:17    1  1.109     339310      64040    306    765    209  0.43(0.37-0.51)

13C-OCDD
469.7780 53:51 53:54    0  1.188     339008      76096    211    527    361
471.7750 53:51 53:54    0  1.188     364246      82702    222    555    373  0.93(0.76-1.02)

13C-OCDF
453.7830 53:59 54:02    0  1.192     529007     120740    300    750    402
455.7801 53:59 54:02    0  1.192     617003     130278    269    672    484  0.86(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:51 30:50    4  1.018     152365      16039     69    172    232

13C-1,2,3,4-TCDD
331.9368 30:18 30:15    3     783432      82594    178    445    464
333.9338 30:18 30:15    3     961936     107853    100    250   1079  0.81(0.65-0.89)
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Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8,9-HxCDD
401.8559 45:19 45:17    1     982779     226815    113    282   2007
403.8529 45:19 45:17    1     769890     171707     27     67   6360  1.28(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Inject. Date: 18-Dec-2019 05:00:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDD, RT: 29.435

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000          623629           67638
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000          623629           67638

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:55               562                84               993               192      0.1063 0.57 RQM
24:55               562                84               729               109      0.0882 Empc Correction
26:18               772                88              1781               255      0.1745 0.43 RQM
26:18               772                88              1002               114      0.1212 Empc Correction
27:48              6555               882              9523              1169        1.10 0.69
30:19              2408               242              2683               526      0.3479 0.90 RQM
30:19              2065               405              2683               526      0.3245 Empc Correction
30:36              1022               150              1247               171      0.1551 0.82 M
32:00               302                71               318                46      0.0424 0.95 RQ
32:00               244                35               318                46      0.0384 Empc Correction
34:04               136                54               541               130      0.0463 0.25 RQa
34:04               136                54               176                70      0.0213 Empc Correction
Signal Totals:

            11356              1698             15678              2205
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            28843              4060 0.69 RQMa
            27034              3903 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.971 = (28843 * 50.000) / (623629 * 1.173)
Empc Amount:          1.847 = (27034 * 50.000) / (623629 * 1.173)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID

Page 1346 of 2476



Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Inject. Date: 18-Dec-2019 05:00:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDF, RT: 28.156

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         1005829          118564
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         1005829          118564

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:50              2036               376              1752               229      0.1730 1.16 RQ
23:50              1349               176              1752               229      0.1417 Empc Correction
24:19               819                89              1189               158      0.0917 0.69 Ma
25:07              1379               118              1131               128      0.1147 1.22 RQM
25:07               870                98              1131               128      0.0914 Empc Correction
25:50               740                81              1539               221      0.1041 0.48 RQM
25:50               740                81               961               105      0.0777 Empc Correction
26:27               933               113              1053               121      0.0907 0.89 M
27:04               594               128               751               121      0.0614 0.79
27:47              2952               493              5634               586      0.3922 0.52 RQM
27:47              2952               493              3833               640      0.3100 Empc Correction
28:28               404                59              1149               124      0.0709 0.35 RQM
28:28               404                59               524                76      0.0424 Empc Correction
30:04              1041               147              1376               176      0.1104 0.76
32:54              1216               175              2333               338      0.1621 0.52 RQM
32:54              1216               175              1579               227      0.1277 Empc Correction
Signal Totals:

            10918              1559             14149              1981
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            30021              3981 0.68 RQMa
            25067              3540 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.371 = (30021 * 50.000) / (1005829 * 1.088)
Empc Amount:          1.145 = (25067 * 50.000) / (1005829 * 1.088)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 08:43:16 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Inject. Date: 18-Dec-2019 05:00:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 9

Non-2,3,7,8-sub-PeCDD, RT: 39.399

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000          473866          106982
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000          473866          106982

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:37              2180               475              1412               308      0.3632 1.54
38:29              6809              1532              3724               834        1.07 1.83 RQ
38:29              5772              1292              3724               834      0.9603 Empc Correction
39:09               339                70               426               119      0.0774 0.80 RQ
39:09               339                70               218                45      0.0563 Empc Correction
39:41               612               190               733               253      0.1360 0.83 RQ
39:41               612               190               394               122      0.1017 Empc Correction
39:49              2390               370              1466               331      0.3899 1.63
Signal Totals:

            11293              2397              7214              1640
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            20091              4482 1.59 RQ
            18507              4037 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.032 = (20091 * 50.000) / (473866 * 1.043)
Empc Amount:          1.872 = (18507 * 50.000) / (473866 * 1.043)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Inject. Date: 18-Dec-2019 05:00:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 9

Non-2,3,7,8-sub-PeCDF, RT: 37.968

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000          756046          146998
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000          723245          157126
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000          739645          152062

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

37:15              1401               224               803               128      0.1296 1.74
39:26              1669               344               817               234      0.1462 2.04 RQ
39:26              1266               362               817               234      0.1225 Empc Correction
Signal Totals:

             2667               586              1620               362
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             4690               930 1.90 RQ
             4287               948 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2758 = (4690 * 50.000) / (739645 * 1.150)
Empc Amount:         0.2521 = (4287 * 50.000) / (739645 * 1.150)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Inject. Date: 18-Dec-2019 05:00:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDD, RT: 44.269

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000          523831          131117
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000          541664          134214
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000          532747          132665

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:16             52507             14203             41457             10826        7.54 1.27
43:51              2895               502              1453               316      0.3488 1.99 RQ
43:51              1801               391              1453               316      0.2610 Empc Correction
44:08             12640              2604              9148              2168        1.75 1.38
44:19              1354               323              1695               249      0.2446 0.80 RQ
44:19              1354               323              1091               260      0.1961 Empc Correction
Signal Totals:

            68302             17521             53149             13570
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           123149             31191 1.29 RQ
           121451             31091 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          9.878 = (123149 * 50.000) / (532747 * 1.170)
Empc Amount:          9.742 = (121451 * 50.000) / (532747 * 1.170)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Inject. Date: 18-Dec-2019 05:00:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDF, RT: 44.125

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000          722710          192098
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000          889302          215431
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000          798507          201656
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000          716501          144985
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000          781755          188542

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:45              1156               347              1019               209      0.1078 1.13
43:21              1462               363              1860               289      0.1646 0.79 RQ
43:21              1462               363              1179               292      0.1309 Empc Correction
43:32              2889               836              2023               649      0.2435 1.43
44:29              1764               504              1971               490      0.1851 0.89 RQ
44:29              1764               504              1422               406      0.1579 Empc Correction
Signal Totals:

             7271              2050              5643              1556
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            14144              3687 1.06 RQ
            12914              3606 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7010 = (14144 * 50.000) / (781755 * 1.290)
Empc Amount:         0.6401 = (12914 * 50.000) / (781755 * 1.290)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Inject. Date: 18-Dec-2019 05:00:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDD, RT: 49.003

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000          474640           82278
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000          474640           82278

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:26            106984             21181            100949             20573        19.6 1.06 a
Signal Totals:

           106984             21181            100949             20573
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           207933             41754 1.06 a

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         19.550 = (207933 * 50.000) / (474640 * 1.120)

QC Flag Legend

Review Flags
a - User Assigned ID
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Inject. Date: 18-Dec-2019 05:00:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDF, RT: 49.509

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000          592884          118649
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000          484219           89817
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000          538551          104233

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:20               561                86               234                56      0.0513 2.40 RQa
48:20               243                58               234                56      0.0308 Empc Correction
48:36              4447              1028              3829               809      0.5338 1.16 a
Signal Totals:

             4690              1086              4063               865
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             9071              1979 1.23 RQa
             8753              1951 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.5850 = (9071 * 50.000) / (538551 * 1.440)
Empc Amount:         0.5645 = (8753 * 50.000) / (538551 * 1.440)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
TCDD
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TCDD Standards
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
TCDD
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TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834

Page 1357 of 2476



Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 24.914 Area = 705

24.2 24.4 24.6 24.8 25.0 25.2 25.4 25.6
Min

1

7

13

19

25

31

37

43

49

55

61

67

73

79

85

91
Y

 ( 
X

10
)

F1:m/z     319.8965

Manual Integration Results
RT = 24.914 Area = 562 M
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Reviewer: davidsonm, 18-Dec-2019 08:37:14
Audit Action: Assigned Compound ID Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 26.278 Area = 1527
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Manual Integration Results
RT = 26.278 Area = 1781 M
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Reviewer: davidsonm, 18-Dec-2019 08:36:59
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 30.302 Area = 1706
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Manual Integration Results
RT = 30.302 Area = 2408 M
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Reviewer: davidsonm, 18-Dec-2019 08:37:14
Audit Action: Assigned Compound ID Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 30.286 Area = 1871
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Manual Integration Results
RT = 30.286 Area = 2683 M
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Reviewer: davidsonm, 18-Dec-2019 08:36:59
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 30.589 Area = 638

29.9 30.1 30.3 30.5 30.7 30.9 31.1 31.3
Min

2

8

14

20

26

32

38

44

50

56

62

68

74

80

86

Y
 ( 

X
10

)
F1:m/z     319.8965

Manual Integration Results
RT = 30.589 Area = 1022 M
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Reviewer: davidsonm, 18-Dec-2019 08:37:14
Audit Action: Assigned Compound ID Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 30.740 Area = 566
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Manual Integration Results
RT = 30.740 Area = 1247 M
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Reviewer: davidsonm, 18-Dec-2019 08:36:59
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
TCDF
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
TCDF
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
TCDF
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2,3,7,8-TCDF
          28.84

Non-2,3,7,8-sub-TCDF
          23.82
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2,3,7,8-TCDF
          28.87

Non-2,3,7,8-sub-TCDF
          32.86

TCDF Interference Mass
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  28.84
Area: 8126
Amount:    0.860675
Amount Units: pg/ul
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Manual Integration Results
RT:  28.84
Area: 8818
Amount:    0.892288
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:33:57
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
Not Detected
RT:  22.41- 33.91
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Manual Integration Results
RT = 24.308 Area = 819 M
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Reviewer: davidsonm, 18-Dec-2019 08:39:35
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 25.116 Area = 819
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Manual Integration Results
RT = 25.116 Area = 1379 M
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Reviewer: davidsonm, 18-Dec-2019 08:39:35
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 25.823 Area = 594
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Manual Integration Results
RT = 25.823 Area = 740 M
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Reviewer: davidsonm, 18-Dec-2019 08:39:35
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
RT = 25.840 Area = 1062
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Manual Integration Results
RT = 25.840 Area = 1539 M
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Reviewer: davidsonm, 18-Dec-2019 08:38:46
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 26.446 Area = 609
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Manual Integration Results
RT = 26.446 Area = 933 M
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Reviewer: davidsonm, 18-Dec-2019 08:39:35
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
RT = 26.530 Area = 566
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Manual Integration Results
RT = 26.530 Area = 1053 M
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Reviewer: davidsonm, 18-Dec-2019 08:38:46
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 27.777 Area = 1933
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Manual Integration Results
RT = 27.777 Area = 2952 M
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Reviewer: davidsonm, 18-Dec-2019 08:39:35
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration

Page 1376 of 2476



Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
RT = 28.214 Area = 680
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Manual Integration Results
RT = 28.214 Area = 1149 M
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Reviewer: davidsonm, 18-Dec-2019 08:38:46
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
RT = 32.862 Area = 1619
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Manual Integration Results
RT = 32.862 Area = 2333 M
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Reviewer: davidsonm, 18-Dec-2019 08:38:46
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:43:17 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
PeCDF
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Page 1381 of 2476



Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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F2:m/z     339.8597

Non-2,3,7,8-sub-PeCDF
          39.42

Non-2,3,7,8-sub-PeCDF
          37.25

38.75 2,3,4,7,8-PeCDF
          40.04
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          39.38
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          40.02

Non-2,3,7,8-sub-PeCDF
          37.25

41.38

PeCDF Lock Mass
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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F2:m/z     339.8597

Non-2,3,7,8-sub-PeCDF
          39.42

Non-2,3,7,8-sub-PeCDF
          37.25

38.75 2,3,4,7,8-PeCDF
          40.04
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          37.25
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PeCDF Interference Mass
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Min

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

)

F2:m/z     409.7974 38.13

39.40

41.42
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

2,3,4,7,8-PeCDF, CAS: 57117-31-4
Signal: 1

Processing Integration Results
RT:  40.04
Area: 895
Amount:    0.087112
Amount Units: pg/ul
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Manual Integration Results
RT:  40.04
Area: 1034
Amount:    0.104933
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:40:08
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

2,3,4,7,8-PeCDF, CAS: 57117-31-4
Signal: 2

Processing Integration Results
RT:  40.02
Area: 503
Amount:    0.087112
Amount Units: pg/ul
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Manual Integration Results
RT:  40.02
Area: 650
Amount:    0.104933
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:40:12
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
HxCDD
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F3:m/z     389.8158
Non-2,3,7,8-sub-HxCDD
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Page 1386 of 2476



Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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F3:m/z     389.8158

Non-2,3,7,8-sub-HxCDD
          43.26

Non-2,3,7,8-sub-HxCDD
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          44.12
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HxCDD Lock Mass
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F3:m/z     375.9802
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  44.81

44.5 44.7 44.9 45.1
Min

2

6

10

14

18

22

26

30

34

38

42

46

50

Y
 ( 

X
10

)

F3:m/z     389.8158

Manual Integration Results
RT:  44.83
Area: 981
Amount:    0.156205
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:40:56
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  44.81
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Manual Integration Results
RT:  44.81
Area: 886
Amount:    0.156205
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:40:58
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  44.93
Area: 1276
Amount:    0.317337
Amount Units: pg/ul
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Manual Integration Results
RT:  44.93
Area: 1197
Amount:    0.218848
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:40:49
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  44.93
Area: 2671
Amount:    0.317337
Amount Units: pg/ul
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Manual Integration Results
RT:  44.93
Area: 1525
Amount:    0.218848
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:40:51
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  45.30
Area: 2583
Amount:    0.541674
Amount Units: pg/ul
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Manual Integration Results
RT:  45.30
Area: 2384
Amount:    0.526380
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:41:10
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
HxCDF
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          43.53

Non-2,3,7,8-sub-HxCDF
          44.48

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

2

9

16

23

30

37

44

51

58

65

72

79

Y
 ( 

X
10

)

F3:m/z     375.8178

Non-2,3,7,8-sub-HxCDF
          43.55

Non-2,3,7,8-sub-HxCDF
          44.46

HxCDF Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

0)

F3:m/z     373.8208

Non-2,3,7,8-sub-HxCDF
          43.53

Non-2,3,7,8-sub-HxCDF
          44.48

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

2

9

16

23

30

37

44

51

58

65

72

79

Y
 ( 

X
10

)

F3:m/z     375.8178

Non-2,3,7,8-sub-HxCDF
          43.55

Non-2,3,7,8-sub-HxCDF
          44.46

HxCDF Interference Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

2

5

8

11

14

17

20

23

26

29

32

35

Y
 ( 

X
10

)

F3:m/z     445.7555 43.53
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 1

Processing Integration Results
RT:  43.78
Area: 2041
Amount:    0.192796
Amount Units: pg/ul

43.3 43.5 43.7 43.9 44.1
Min

2

8

14

20

26

32

38

44

50

56

62

68

74

80

86

Y
 ( 

X
10

)

F3:m/z     373.8208

 4
3.

78
3

Manual Integration Results
RT:  43.78
Area: 1867
Amount:    0.169445
Amount Units: pg/ul

43.3 43.5 43.7 43.9 44.1
Min

RT

2

8

14

20

26

32

38

44

50

56

62

68

74

80

86

Y
 ( 

X
10

)

F3:m/z     373.8208

 4
3.

78
3

Reviewer: davidsonm, 18-Dec-2019 08:41:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  43.80
Area: 1757
Amount:    0.192796
Amount Units: pg/ul

43.3 43.5 43.7 43.9 44.1
Min

2

7

12

17

22

27

32

37

42

47

52

57

62

67

Y
 ( 

X
10

)

F3:m/z     375.8178

 4
3.

80
0

Manual Integration Results
RT:  43.80
Area: 1471
Amount:    0.169445
Amount Units: pg/ul

43.3 43.5 43.7 43.9 44.1
Min

RT

2

7

12

17

22

27

32

37

42

47

52

57

62

67

Y
 ( 

X
10

)

F3:m/z     375.8178

 4
3.

80
0

Reviewer: davidsonm, 18-Dec-2019 08:41:46
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 3

Processing Integration Results
RT:  43.78
Area: 3798
Amount:    0.167318
Amount Units: pg/ul

Manual Integration Results
RT:  43.92
Area: 2106
Amount:    0.092778
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 08:41:51
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  43.80
Area: 1757
Amount:    0.167318
Amount Units: pg/ul

43.3 43.5 43.7 43.9 44.1 44.3
Min

2

7

12

17
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Y
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X
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)

F3:m/z     375.8178

 4
3.

80
0

Manual Integration Results
RT:  43.94
Area: 997
Amount:    0.092778
Amount Units: pg/ul

43.3 43.5 43.7 43.9 44.1 44.3
Min
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2

7

12

17

22

27

32

37

42

47

52

57

62

67

Y
 ( 

X
10

)

F3:m/z     375.8178

 4
3.
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5

Reviewer: davidsonm, 18-Dec-2019 08:41:55
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  43.78
Area: 2041
Amount:    0.167318
Amount Units: pg/ul

43.3 43.5 43.7 43.9 44.1 44.3
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)

F3:m/z     373.8208
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3.
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3

Manual Integration Results
RT:  43.92
Area: 1109
Amount:    0.092778
Amount Units: pg/ul
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8
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F3:m/z     373.8208

 4
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Reviewer: davidsonm, 18-Dec-2019 08:41:57
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
HpCDD

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F4:m/z     423.7767
Non-2,3,7,8-sub-HpCDD
          48.43

1,2,3,4,6,7,8-HpCDD
          49.61

48.63 51.7150.9750.3149.14

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F4:m/z     425.7737
Non-2,3,7,8-sub-HpCDD
          48.43

1,2,3,4,6,7,8-HpCDD
          49.61

48.63 51.7851.4450.0449.06

HpCDD Standards

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F4:m/z     435.8169
13C-1,2,3,4,6,7,8-HpCDD
          49.60

48.47

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

6

12

18

24

30

36

42

48

Y
 ( 

X
10

00
)

F4:m/z     437.8140
13C-1,2,3,4,6,7,8-HpCDD
          49.60

48.41 51.35
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
HpCDD

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F4:m/z     423.7767

Non-2,3,7,8-sub-HpCDD
          48.43

1,2,3,4,6,7,8-HpCDD
          49.61

48.63 51.7150.9750.3149.14

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F4:m/z     425.7737

Non-2,3,7,8-sub-HpCDD
          48.43

1,2,3,4,6,7,8-HpCDD
          49.61

48.63 51.7851.4450.0449.06

HpCDD Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F4:m/z     407.7817
Non-2,3,7,8-sub-HpCDF
          48.58

1,2,3,4,6,7,8-HpCDF
          47.94

47.71
48.75

48.06

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

1

14

27

40

53

66

79

92

Y
 ( 

X
10

)

F4:m/z     409.7788
Non-2,3,7,8-sub-HpCDF
          48.57

47.72

48.74

50.27
51.6750.54 51.1748.97 49.8048.13

HpCDF Standards

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
)

F4:m/z     417.8250
13C-1,2,3,4,6,7,8-HpCDF
          47.93

13C-1,2,3,4,7,8,9-HpCDF
          50.26

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

12

24

36

48

60

72

84

96

Y
 ( 

X
10

00
)

F4:m/z     419.8220
13C-1,2,3,4,6,7,8-HpCDF
          47.94

13C-1,2,3,4,7,8,9-HpCDF
          50.26
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F4:m/z     407.7817

Non-2,3,7,8-sub-HpCDF
          48.58

1,2,3,4,6,7,8-HpCDF
          47.94

47.71
48.75

48.06

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

1

10

19

28

37

46

55

64

73

82

91

100

Y
 ( 

X
10

)

F4:m/z     409.7788

Non-2,3,7,8-sub-HpCDF
          48.57

47.72

48.74

50.27
51.6750.54 51.1748.97 49.8048.13

HpCDF Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F4:m/z     407.7817

Non-2,3,7,8-sub-HpCDF
          48.58

1,2,3,4,6,7,8-HpCDF
          47.94

47.71
48.75

48.06

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

1

10

19

28

37

46

55

64

73

82

91

100

Y
 ( 

X
10

)

F4:m/z     409.7788

Non-2,3,7,8-sub-HpCDF
          48.57

47.72

48.74

50.27
51.6750.54 51.1748.97 49.8048.13

HpCDF Interference Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

1

3

5

7

9

11

13

Y
 ( 

X
10

)

F4:m/z     479.7165
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  47.96
Area: 3313
Amount:    0.389032
Amount Units: pg/ul
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X
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F4:m/z     409.7788

 4
7.
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9

Manual Integration Results
RT:  47.96
Area: 3270
Amount:    0.361622
Amount Units: pg/ul
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X
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)

F4:m/z     409.7788
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Reviewer: davidsonm, 18-Dec-2019 08:42:36
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  47.94
Area: 3599
Amount:    0.389032
Amount Units: pg/ul
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Manual Integration Results
RT:  47.94
Area: 3155
Amount:    0.361622
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:42:38
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
OCDD
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OCDD Lock Mass
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
OCDF
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OCDF Standards
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
OCDF
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OCDF Lock Mass
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36166 Sample Line#: 9
Column Type: Column Dia:
OCDF
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OCDF Interference Mass
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  54.00
Area: 14906
Amount:    2.304202
Amount Units: pg/ul
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Manual Integration Results
RT:  54.00
Area: 14431
Amount:    2.150115
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:43:00
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:43:18 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 05:00:00 Instrument ID: D2A
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  54.00
Area: 14568
Amount:    2.304202
Amount Units: pg/ul
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Manual Integration Results
RT:  54.00
Area: 13072
Amount:    2.150115
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:43:04
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(4-6)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-15

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-15-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  12:05

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  13:39

Low1(uL)

20(uL)

% Moisture: 20.3

Sample wt/vol: 10.13(g)

N

Analysis Batch No.: 36178 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.2 0.1851207-31-9 2,3,7,8-TCDF 2.0

%RECCAS NO. LIMITSQISOTOPE DILUTION

62 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 15:05:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A         
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 13:39:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014075-006
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 15:05:42 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 15:05:42

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:43      20805 0.77   1.2213       1.024      0.8562   0.1438   0.1438  RQa
  2,3,7,8-TCDF 22:12      25605 0.79   1.1100      0.8106      0.8106   0.0721   0.0721
D 13C-2,3,7,8-TCDD 19:40     994753 0.78   1.0031        34.8        34.8   0.3710   0.3710  69.60
D 13C-2,3,7,8-TCDF 22:10    1422906 0.79   1.6193        30.8        30.8   0.3098   0.3098  61.67  a
$ 37Cl4-2,3,7,8-TCDD 19:42     237571   1.1834       7.045       7.045   0.0915   0.0915  70.45

* 13C-1,2,3,4-TCDD 20:06    2849685 0.79  1.6E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  a - User Assigned ID
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Report Date: 18-Dec-2019 15:05:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-15-a.d
Lims ID: 140-17578-A-15-A         
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Sample Type: Client
Inject. Date: 18-Dec-2019 13:39:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014075-006
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 15:05:42 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 15:05:42

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD RQa
319.8965 19:43 19:43    0  1.003       9051        881     90    225     10 a
321.8936 19:47 19:43    4  1.006      15828       1675    134    335     13  0.57(0.65-0.89)

Empc Correction      11754       1144    134    335      9

2,3,7,8-TCDF
303.9016 22:12 22:13   -1  1.002      11320       1320     80    200     17
305.8987 22:12 22:13   -1  1.002      14285       1704     46    115     37  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:40 19:39   -1  0.978     435254      68987    324    810    213
333.9338 19:40 19:39   -1  0.978     559499      90449    322    805    281  0.78(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 22:10 22:10   -1  1.103     629916      88615    337    842    263 a
317.9389 22:10 22:10   -1  1.103     792990     108308    534   1335    203  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:42 19:41   -1  0.980     237571      38518    188    470    205

13C-1,2,3,4-TCDD
331.9368 20:06 20:08   -2    1259633     194466    324    810    600
333.9338 20:07 20:08   -1    1590052     239509    322    805    744  0.79(0.65-0.89)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  a - User Assigned ID
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Report Date: 18-Dec-2019 15:05:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 13:39:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36178 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 15:05:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 13:39:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36178 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 15:05:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 13:39:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Worklist#: 36178 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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2,3,7,8-TCDF
          22.20
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25.2111.74
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TCDF Interference Mass
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Report Date: 18-Dec-2019 15:05:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-15-a.d
Injection Date: 18-Dec-2019 13:39:00 Instrument ID: D12C
Lims ID: 140-17578-A-15-A         Lab Sample ID: 140-17578-15             
Client ID: 11187072-120719-SS-SJSSA02(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  22.18
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F1:m/z     315.9419

Manual Integration Results
RT:  22.16
Area: 629916
Amount:   30.836213
Amount Units: pg/ul
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16
3

Reviewer: davidsonm, 18-Dec-2019 15:05:29
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-16

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-16-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  11:50

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  06:01

Low1(uL)

20(uL)

% Moisture: 28.8

Sample wt/vol: 9.89(g)

N

Analysis Batch No.: 36166 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.12J q1746-01-6 2,3,7,8-TCDD 1.1

1.4 0.12B q41903-57-5 Total TCDD 7.0

7.1 0.06240321-76-4 1,2,3,7,8-PeCDD ND

7.1 0.062J q36088-22-9 Total PeCDD 4.3

7.1 0.1439227-28-6 1,2,3,4,7,8-HxCDD ND

7.1 0.14J q57653-85-7 1,2,3,6,7,8-HxCDD 0.32

7.1 0.13J19408-74-3 1,2,3,7,8,9-HxCDD 0.80

7.1 0.14B q34465-46-8 Total HxCDD 18

7.1 0.090B q35822-46-9 1,2,3,4,6,7,8-HpCDD 14

7.1 0.090B q37871-00-4 Total HpCDD 48

14 0.0088B3268-87-9 OCDD 400

1.4 0.094B q30402-14-3 Total TCDF 7.7

7.1 0.09557117-41-6 1,2,3,7,8-PeCDF ND

7.1 0.09257117-31-4 2,3,4,7,8-PeCDF ND

7.1 0.09530402-15-4 Total PeCDF ND

7.1 0.09470648-26-9 1,2,3,4,7,8-HxCDF ND

7.1 0.09257117-44-9 1,2,3,6,7,8-HxCDF ND

7.1 0.09760851-34-5 2,3,4,6,7,8-HxCDF ND

7.1 0.1372918-21-9 1,2,3,7,8,9-HxCDF ND

7.1 0.10J I q55684-94-1 Total HxCDF 0.85

7.1 0.039J B67562-39-4 1,2,3,4,6,7,8-HpCDF 0.67

7.1 0.061J B q55673-89-7 1,2,3,4,7,8,9-HpCDF 0.083

7.1 0.050J B q38998-75-3 Total HpCDF 1.5

14 0.018J B39001-02-0 OCDF 3.8

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-16

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-16-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  11:50

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  06:01

Low1(uL)

20(uL)

% Moisture: 28.8

Sample wt/vol: 9.89(g)

N

Analysis Batch No.: 36166 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

64 25-16476523-40-5 13C-2,3,7,8-TCDD

66 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

70 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

74 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

73 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

63 17-157114423-97-1 13C-OCDD

65 24-16989059-46-1 13C-2,3,7,8-TCDF

66 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

64 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

67 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

70 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

70 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

69 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

70 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

64 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

65 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

72 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A         
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Sample Type: Client
Inject. Date: 18-Dec-2019 06:01:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-010
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 08:48:46 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 07:34:42

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:53       5784 0.77   1.1733      0.4459      0.3959   0.0412   0.0412  RQM
A Non-2,3,7,8-sub-TCDD 29:27      30441 0.77   1.1733       2.360       2.084   0.0412    1.695  RQMa
S Total TCDD       2.806       2.479   0.0412   0.0412  RQ

  2,3,7,8-TCDF 28:51      34283 0.77   1.0881       1.528       1.528   0.0332   0.0332  M
A Non-2,3,7,8-sub-TCDF 28:10      26145 0.77   1.0881       1.237       1.165   0.0332   0.5741  RQMa
S Total TCDF       2.765       2.693   0.0332   0.0332  RQ

  1,2,3,7,8-PeCDD 40:33   0.0217   0.0217
A Non-2,3,7,8-sub-PeCDD 39:24      16291 1.55   1.0434       1.526       1.496   0.0217   0.9663  RQ
S Total PeCDD       1.526       1.496   0.0217   0.0217  RQ

  1,2,3,7,8-PeCDF 38:45   0.0333   0.0333
  2,3,4,7,8-PeCDF 40:01   0.0325   0.0325
A Non-2,3,7,8-sub-PeCDF 37:59   0.0329   0.0329
S Total PeCDF   0.0333   0.0333

  1,2,3,4,7,8-HxCDD 44:49   0.0501   0.0501
  1,2,3,6,7,8-HxCDD 44:57       1718 1.24   1.1481      0.1401      0.1123   0.0479   0.0479  RQ
  1,2,3,7,8,9-HxCDD 45:19       4330 1.17   1.2212      0.2804      0.2804   0.0459   0.0459
A Non-2,3,7,8-sub-HxCDD 44:17      85762 1.24   1.1700       5.819       5.797   0.0479    4.824  RQM
S Total HxCDD       6.239       6.190   0.0479   0.0479  RQ

  1,2,3,4,7,8-HxCDF 43:47   0.0332   0.0332
  1,2,3,6,7,8-HxCDF 43:55   0.0322   0.0322
  2,3,4,6,7,8-HxCDF 44:38   0.0342   0.0342
  1,2,3,7,8,9-HxCDF 45:35   0.0462   0.0462
A Non-2,3,7,8-sub-HxCDF 44:08       6742 1.24   1.2905      0.3219      0.2980   0.0357   0.1472  RQM
S Total HxCDF      0.3219      0.2980   0.0365   0.0365  RQ

  1,2,3,4,6,7,8-HpCDD 49:37      62691 1.04   1.1204       5.248       4.809   0.0318   0.0318  RQ
A Non-2,3,7,8-sub-HpCDD 49:01     157854 0.98   1.1204        12.1        12.1   0.0318     12.1  a
S Total HpCDD        17.4        16.9   0.0318   0.0318  RQ

  1,2,3,4,6,7,8-HpCDF 47:57       5047 0.98   1.4984      0.2347      0.2347   0.0136   0.0136
  1,2,3,4,7,8,9-HpCDF 50:17        454 1.04   1.3807      0.0360      0.0291   0.0215   0.0215  RQM
A Non-2,3,7,8-sub-HpCDF 49:31       4562 0.95   1.4395      0.2470      0.2470   0.0168   0.2470  Ma
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF      0.5177      0.5108   0.0175   0.0175  RQ

  OCDD 53:52    1459099 0.91   1.2073       139.5       139.5 0.003101 0.003101
  OCDF 54:00      20227 0.89   1.1162       1.344       1.344 0.006387 0.006387
D 13C-2,3,7,8-TCDD 30:48     622620 0.75   1.0709        32.2        32.2   0.3632   0.3632  64.42
D 13C-2,3,7,8-TCDF 28:47    1031087 0.77   1.7545        32.6        32.6   0.2128   0.2128  65.12
D 13C-1,2,3,7,8-PeCDD 40:33     521950 1.69   0.8743        33.1        33.1   0.4460   0.4460  66.15
D 13C-1,2,3,7,8-PeCDF 38:45     811829 1.67   1.3704        32.8        32.8   0.4843   0.4843  65.64
D 13C-2,3,4,7,8-PeCDF 40:01     802722 1.61   1.3837        32.1        32.1   0.4797   0.4797  64.28
D 13C-1,2,3,4,7,8-HxCDD 44:48     598394 1.31   0.8772        34.8        34.8   0.0960   0.0960  69.53
D 13C-1,2,3,6,7,8-HxCDD 44:55     666059 1.35   0.9171        37.0        37.0   0.0918   0.0918  74.02
D 13C-1,2,3,4,7,8-HxCDF 43:47     783348 0.50   1.1892        33.6        33.6   0.3311   0.3311  67.14
D 13C-1,2,3,6,7,8-HxCDF 43:55    1001332 0.52   1.4625        34.9        34.9   0.2692   0.2692  69.78
D 13C-2,3,4,6,7,8-HxCDF 44:38     907217 0.54   1.3197        35.0        35.0   0.2984   0.2984  70.07
D 13C-1,2,3,7,8,9-HxCDF 45:35     814330 0.53   1.2001        34.6        34.6   0.3281   0.3281  69.16
D 13C-1,2,3,4,6,7,8-HpCDD 49:36     581808 1.13   0.8155        36.4        36.4   0.2356   0.2356  72.72
D 13C-1,2,3,4,6,7,8-HpCDF 47:56     717543 0.46   1.0496        34.8        34.8   0.3456   0.3456  69.67
D 13C-1,2,3,4,7,8,9-HpCDF 50:16     565586 0.46   0.8947        32.2        32.2   0.4054   0.4054  64.43
D 13C-OCDD 53:51     866152 0.93   0.7044        62.7        62.7   0.4442   0.4442  62.66
D 13C-OCDF 53:59    1348441 0.91   1.0615        64.7        64.7   0.2161   0.2161  64.74
$ 37Cl4-2,3,7,8-TCDD 30:51     159825   1.2266       7.219       7.219   0.0685   0.0685  72.19

* 13C-1,2,3,4-TCDD 30:16    1804965 0.84  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:18    1962320 1.29    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A         
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Sample Type: Client
Inject. Date: 18-Dec-2019 06:01:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-010
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 08:48:46 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 07:34:42

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD RQM
319.8965 30:53 30:50    4  1.003       3247        437      9     22     49 M

Empc Correction       2516        481      9     22     53
321.8936 30:50 30:50    1  1.001       3268        625     17     42     37  0.99(0.65-0.89) M

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 25:36 29:27 -231  0.831        318         36      9     22      4
321.8936 25:38 29:27 -229  0.832        667        126     17     42      7  0.48(0.65-0.89)

Empc Correction        412         46     17     42      3

319.8965 26:21 29:27 -185  0.856        698         92      9     22     10
Empc Correction        455         90      9     22     10

321.8936 26:20 29:27 -186  0.855        591        118     17     42      7  1.18(0.65-0.89) M

319.8965 27:47 29:27 -100  0.902      13484       1795      9     22    199
Empc Correction      10776       1288      9     22    143

321.8936 27:47 29:27 -100  0.902      13995       1673     17     42     98  0.96(0.65-0.89)

319.8965 29:26 29:27   -1  0.956        330        113      9     22     13 M
321.8936 29:24 29:27   -3  0.955        417         81     17     42      5  0.79(0.65-0.89)

319.8965 30:19 29:27   53  0.985       2208        273      9     22     30 M
Empc Correction       1369        194      9     22     22

321.8936 30:16 29:27   50  0.983       1778        253     17     42     15  1.24(0.65-0.89)

2,3,7,8-TCDF M
303.9016 28:51 28:52    2  1.002      14919       1696     16     40    106 M
305.8987 28:50 28:52    1  1.001      19364       1966     18     45    109  0.77(0.65-0.89) M

A Non-2,3,7,8-sub-TCDF RQMa

303.9016 23:48 28:10 -261  0.827        371         75     16     40      5
305.8987 23:50 28:10 -259  0.828        562        131     18     45      7  0.66(0.65-0.89)
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 25:06 28:10 -183  0.872        775        126     16     40      8
Empc Correction        495         69     16     40      4

305.8987 25:04 28:10 -185  0.871        643         90     18     45      5  1.21(0.65-0.89)

303.9016 25:51 28:10 -139  0.898        991        144     16     40      9
305.8987 25:50 28:10 -140  0.897       1481        226     18     45     13  0.67(0.65-0.89) M

303.9016 26:30 28:10 -100  0.920        709         85     16     40      5
Empc Correction        430         81     16     40      5

305.8987 26:32 28:10  -98  0.922        559        106     18     45      6  1.27(0.65-0.89)

303.9016 27:00 28:10  -69  0.938        594        116     16     40      7
305.8987 26:59 28:10  -70  0.937        981        192     18     45     11  0.61(0.65-0.89)

Empc Correction        771        150     18     45      8

303.9016 27:45 28:10  -25  0.964       5961        892     16     40     56
305.8987 27:44 28:10  -26  0.963       6921        760     18     45     42  0.86(0.65-0.89)

303.9016 28:24 28:10   14  0.987        552        103     16     40      6 M
305.8987 28:23 28:10   13  0.986       1190        234     18     45     13  0.46(0.65-0.89)

Empc Correction        716        133     18     45      7

303.9016 30:00 28:10  110  1.042       1236        239     16     40     15
305.8987 30:05 28:10  115  1.045       1876        359     18     45     20  0.66(0.65-0.89)

303.9016 32:51 28:10  281  1.141        864        124     16     40      8
305.8987 32:49 28:10  279  1.140       1490        228     18     45     13  0.58(0.65-0.89)

Empc Correction       1122        161     18     45      9

1,2,3,7,8-PeCDD
355.8546 40:35       5      12
357.8516 40:35      16      40

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 37:37 39:24 -107  0.928       1646        408      5     12     82
357.8516 37:36 39:24 -108  0.927       1150        225     16     40     14  1.43(1.32-1.78)

355.8546 38:26 39:24  -58  0.948       6630        973      5     12    195
357.8516 38:27 39:24  -57  0.949       3895        702     16     40     44  1.70(1.32-1.78)

355.8546 39:50 39:24   26  0.983       2134        314      5     12     63
Empc Correction       1805        353      5     12     71

357.8516 39:51 39:24   27  0.983       1165        228     16     40     14  1.83(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 38:46      33      82
341.8567 38:46      18      45

2,3,4,7,8-PeCDF
339.8597 40:02      33      82
341.8567 40:02      18      45

A Non-2,3,7,8-sub-PeCDF
339.8597 37:59      33      82
341.8567 37:59      18      45

1,2,3,4,7,8-HxCDD
389.8158 44:49      43     107
391.8127 44:49      26      65

1,2,3,6,7,8-HxCDD RQ
389.8158 44:57 44:56    1  1.001       1376        264     43    107      6

Empc Correction        951        257     43    107      6
391.8127 44:56 44:56    0  1.000        767        208     26     65      8  1.79(1.05-1.43)
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8,9-HxCDD
389.8158 45:19 45:19    1  1.012       2330        405     43    107      9
391.8127 45:19 45:19    1  1.012       2000        383     26     65     15  1.17(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQM

389.8158 43:16 44:17  -61  0.963      37785      10007     43    107    233
391.8127 43:16 44:17  -61  0.963      33585       8903     26     65    342  1.13(1.05-1.43)

389.8158 43:51 44:17  -25  0.976       1294        269     43    107      6
Empc Correction        972        270     43    107      6

391.8127 43:50 44:17  -26  0.976        784        218     26     65      8  1.65(1.05-1.43)

389.8158 44:07 44:17   -9  0.982       6671       1759     43    107     41
391.8127 44:07 44:17   -9  0.982       5965       1276     26     65     49  1.12(1.05-1.43) M

1,2,3,4,7,8-HxCDF
373.8208 43:49      31      77
375.8178 43:49      47     117

1,2,3,6,7,8-HxCDF
373.8208 43:56      31      77
375.8178 43:56      47     117

2,3,4,6,7,8-HxCDF
373.8208 44:39      31      77
375.8178 44:39      47     117

1,2,3,7,8,9-HxCDF
373.8208 45:36      31      77
375.8178 45:36      47     117

A Non-2,3,7,8-sub-HxCDF RQM

373.8208 42:44 44:08  -83  0.973       1025        239     31     77      8 M
375.8178 42:46 44:08  -81  0.974       1027        243     47    117      5  1.00(1.05-1.43)

Empc Correction        826        192     47    117      4

373.8208 43:21 44:08  -47  0.987        864        194     31     77      6
375.8178 43:21 44:08  -47  0.987       1035        187     47    117      4  0.83(1.05-1.43)

Empc Correction        696        156     47    117      3

373.8208 43:33 44:08  -35  0.992       1849        560     31     77     18 M
375.8178 43:33 44:08  -35  0.992       1482        385     47    117      8  1.25(1.05-1.43) M

1,2,3,4,6,7,8-HpCDD RQ
423.7767 49:37 49:38    1  1.000      37684       7168     16     40    448

Empc Correction      31960       5961     16     40    373
425.7737 49:36 49:38    0  1.000      30731       5732     15     37    382  1.23(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD a

423.7767 48:27 49:01  -33  0.977      78080      14937     16     40    934 a
425.7737 48:26 49:01  -34  0.976      79774      14758     15     37    984  0.98(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 47:57 47:57    0  1.000       2494        443     19     47     23
409.7788 47:58 47:57    1  1.001       2553        606      5     12    121  0.98(0.88-1.20)

1,2,3,4,7,8,9-HpCDF RQM
407.7817 50:17 50:17    1  1.000        339        114     19     47      6 M

Empc Correction        231         76     19     47      4
409.7788 50:18 50:17    2  1.001        223         74      5     12     15  1.52(0.88-1.20)
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDF Ma

407.7817 48:29 49:31  -62  0.000     19     47
409.7788 48:29 49:31  -62  0.000      5     12  0.00(0.88-1.20)

407.7817 48:36 49:31  -55  1.014       2220        504     19     47     27 M
409.7788 48:35 49:31  -56  1.014       2342        554      5     12    111  0.95(0.88-1.20)

OCDD
457.7377 53:52 53:52    1  1.000     696135     154372      1      2 154372
459.7348 53:52 53:52    1  1.000     762964     173782      2      5  86891  0.91(0.76-1.02)

OCDF
441.7428 54:00 54:00    1  1.000       9520       2271      6     15    379
443.7399 54:00 54:00    1  1.000      10707       2539      3      7    846  0.89(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 30:48 30:48    3  1.017     267082      28594    259    647    110
333.9338 30:48 30:48    3  1.017     355538      38596     41    102    941  0.75(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:47 28:49    2  0.951     447178      50107    123    307    407
317.9389 28:49 28:49    3  0.952     583909      67692    165    412    410  0.77(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:33 40:36    1  1.339     327878      72308    189    472    383
369.8919 40:33 40:36    1  1.339     194072      42348    112    280    378  1.69(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:45 38:48    1  1.280     507465     102468    274    685    374
353.8970 38:45 38:48    1  1.280     304364      57711    238    595    242  1.67(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:01 40:04    1  1.322     495412     107762    274    685    393
353.8970 40:01 40:04    1  1.322     307310      68250    238    595    287  1.61(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:48 44:50    0  0.989     339589      86963     87    217   1000
403.8529 44:49 44:50    1  0.989     258805      63582     65    162    978  1.31(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:55 44:58    0  0.991     382747      90165     87    217   1036
403.8529 44:55 44:58    0  0.991     283312      66313     65    162   1020  1.35(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:47 43:49    1  0.966     261425      73815    321    802    230
385.8610 43:47 43:49    1  0.966     521923     141877    390    975    364  0.50(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:55 43:57    1  0.969     343334      81379    321    802    254
385.8610 43:55 43:57    1  0.969     657998     155529    390    975    399  0.52(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:38 44:39    1  0.985     316272      79479    321    802    248
385.8610 44:38 44:39    1  0.985     590945     145897    390    975    374  0.54(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:35 45:36    1  1.006     280484      59946    321    802    187
385.8610 45:35 45:36    1  1.006     533846     107849    390    975    277  0.53(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:36 49:38    1  1.095     309042      59714    255    637    234
437.8140 49:36 49:38    1  1.095     272766      48431     92    230    526  1.13(0.88-1.20)
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:56 47:57    1  1.058     224868      45304    242    605    187
419.8220 47:56 47:57    1  1.058     492675     102050    413   1032    247  0.46(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:17    1  1.109     177453      33069    242    605    137
419.8220 50:16 50:17    1  1.109     388133      68155    413   1032    165  0.46(0.37-0.51)

13C-OCDD
469.7780 53:51 53:54    0  1.188     417099      90670    263    657    345
471.7750 53:51 53:54    0  1.188     449053      96313    302    755    319  0.93(0.76-1.02)

13C-OCDF
453.7830 53:59 54:02    0  1.192     640858     144221    165    412    874
455.7801 53:59 54:02    0  1.192     707583     164377    249    622    660  0.91(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:51 30:50    4  1.019     159825      17102     65    162    263

13C-1,2,3,4-TCDD
331.9368 30:16 30:15    2     825757      86127    259    647    333
333.9338 30:16 30:15    2     979208     106713     41    102   2603  0.84(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:18 45:17    1    1105146     252943     87    217   2907
403.8529 45:18 45:17    1     857174     198372     65    162   3052  1.29(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Inject. Date: 18-Dec-2019 06:01:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDD, RT: 29.435

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000          622620           67190
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000          622620           67190

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

25:36               318                36               667               126      0.0674 0.48 RQ
25:36               318                36               412                46      0.0500 Empc Correction
26:21               698                92               591               118      0.0882 1.18 RQM
26:21               455                90               591               118      0.0716 Empc Correction
27:47             13484              1795             13995              1673        1.88 0.96 RQ
27:47             10776              1288             13995              1673        1.70 Empc Correction
29:26               330               113               417                81      0.0511 0.79 M
30:19              2208               273              1778               253      0.2728 1.24 RQM
30:19              1369               194              1778               253      0.2154 Empc Correction
Signal Totals:

            13248              1721             17193              2171
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            34486              4560 0.98 RQM
            30441              3892 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.360 = (34486 * 50.000) / (622620 * 1.173)
Empc Amount:          2.084 = (30441 * 50.000) / (622620 * 1.173)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Inject. Date: 18-Dec-2019 06:01:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDF, RT: 28.156

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         1031087          117799
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         1031087          117799

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:48               371                75               562               131      0.0416 0.66
25:06               775               126               643                90      0.0632 1.21 RQ
25:06               495                69               643                90      0.0507 Empc Correction
25:51               991               144              1481               226      0.1102 0.67 M
26:30               709                85               559               106      0.0565 1.27 RQ
26:30               430                81               559               106      0.0441 Empc Correction
27:00               594               116               981               192      0.0702 0.61 RQ
27:00               594               116               771               150      0.0608 Empc Correction
27:45              5961               892              6921               760      0.5741 0.86
28:24               552               103              1190               234      0.0776 0.46 RQMa
28:24               552               103               716               133      0.0565 Empc Correction
30:00              1236               239              1876               359      0.1387 0.66
32:51               864               124              1490               228      0.1049 0.58 RQ
32:51               864               124              1122               161      0.0885 Empc Correction
Signal Totals:

            11494              1843             14651              2116
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            27756              4230 0.77 RQMa
            26145              3959 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.237 = (27756 * 50.000) / (1031087 * 1.088)
Empc Amount:          1.165 = (26145 * 50.000) / (1031087 * 1.088)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Inject. Date: 18-Dec-2019 06:01:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 10

Non-2,3,7,8-sub-PeCDD, RT: 39.399

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000          521950          114656
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000          521950          114656

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:37              1646               408              1150               225      0.2567 1.43
38:26              6630               973              3895               702      0.9663 1.70
39:50              2134               314              1165               228      0.3029 1.83 RQ
39:50              1805               353              1165               228      0.2727 Empc Correction
Signal Totals:

            10081              1734              6210              1155
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            16620              2850 1.68 RQ
            16291              2889 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.526 = (16620 * 50.000) / (521950 * 1.043)
Empc Amount:          1.496 = (16291 * 50.000) / (521950 * 1.043)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Inject. Date: 18-Dec-2019 06:01:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 10

Non-2,3,7,8-sub-HxCDD, RT: 44.269

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000          598394          150545
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000          666059          156478
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000          632226          153511

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:16             37785             10007             33585              8903        4.82 1.13
43:51              1294               269               784               218      0.1405 1.65 RQ
43:51               972               270               784               218      0.1187 Empc Correction
44:07              6671              1759              5965              1276      0.8541 1.12 M
Signal Totals:

            45428             12036             40334             10397
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            86084             22432 1.13 RQM
            85762             22433 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.819 = (86084 * 50.000) / (632226 * 1.170)
Empc Amount:          5.797 = (85762 * 50.000) / (632226 * 1.170)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Inject. Date: 18-Dec-2019 06:01:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 10

Non-2,3,7,8-sub-HxCDF, RT: 44.125

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000          783348          215692
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         1001332          236908
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000          907217          225376
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000          814330          167795
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000          876556          211442

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:44              1025               239              1027               243      0.0907 1.00 RQM
42:44              1025               239               826               192      0.0818 Empc Correction
43:21               864               194              1035               187      0.0839 0.83 RQ
43:21               864               194               696               156      0.0690 Empc Correction
43:33              1849               560              1482               385      0.1472 1.25 M
Signal Totals:

             3738               993              3004               733
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             7282              1808 1.05 RQM
             6742              1726 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3219 = (7282 * 50.000) / (876556 * 1.290)
Empc Amount:         0.2980 = (6742 * 50.000) / (876556 * 1.290)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 08:48:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Inject. Date: 18-Dec-2019 06:01:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDD, RT: 49.003

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000          581808          108145
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000          581808          108145

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:27             78080             14937             79774             14758        12.1 0.98 a
Signal Totals:

            78080             14937             79774             14758
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           157854             29695 0.98 a

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         12.108 = (157854 * 50.000) / (581808 * 1.120)

QC Flag Legend

Review Flags
a - User Assigned ID
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Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Inject. Date: 18-Dec-2019 06:01:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDF, RT: 49.509

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000          717543          147354
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000          565586          101224
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000          641564          124289

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:29                 0                 0                 0                 0 0.00
48:36              2220               504              2342               554      0.2470 0.95 M
Signal Totals:

             2220               504              2342               554
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             4562              1058 0.95 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2470 = (4562 * 50.000) / (641564 * 1.440)

QC Flag Legend

Review Flags
M - Manually Integrated

Page 1441 of 2476



Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
TCDD
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31.24 33.82

Page 1442 of 2476



Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
TCDD
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TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834

Page 1443 of 2476



Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  30.81
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Manual Integration Results
RT:  30.87
Area: 3247
Amount:    0.445921
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:44:20
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  30.81
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Manual Integration Results
RT:  30.82
Area: 3268
Amount:    0.445921
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:44:27
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 26.325 Area = 295
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Manual Integration Results
RT = 26.325 Area = 591 M
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Reviewer: davidsonm, 18-Dec-2019 08:44:50
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 29.423 Area = 386
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Manual Integration Results
RT = 29.423 Area = 330 M
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Reviewer: davidsonm, 18-Dec-2019 08:45:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 30.315 Area = 1197
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Manual Integration Results
RT = 30.315 Area = 2208 M
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Reviewer: davidsonm, 18-Dec-2019 08:45:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
TCDF
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  28.83
Area: 13953
Amount:    1.358187
Amount Units: pg/ul
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Manual Integration Results
RT:  28.83
Area: 14919
Amount:    1.527798
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:34:29
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  28.82
Area: 16524
Amount:    1.358187
Amount Units: pg/ul
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Manual Integration Results
RT:  28.82
Area: 19364
Amount:    1.527798
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 07:34:33
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
RT = 25.820 Area = 961
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Manual Integration Results
RT = 25.820 Area = 1481 M
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Reviewer: davidsonm, 18-Dec-2019 08:46:21
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 28.329 Area = 317
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Manual Integration Results
RT = 28.396 Area = 552 M
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Reviewer: davidsonm, 18-Dec-2019 08:46:41
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 08:48:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
PeCDD
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Non-2,3,7,8-sub-PeCDD
          38.43

Non-2,3,7,8-sub-PeCDD
          37.60 Non-2,3,7,8-sub-PeCDD
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
PeCDF
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
PeCDF
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PeCDF Lock Mass
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
PeCDF
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PeCDF Interference Mass
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 43.19- 45.35)
Signal: 2

Processing Integration Results
RT = 44.116 Area = 6503
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Manual Integration Results
RT = 44.116 Area = 5965 M
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Reviewer: davidsonm, 18-Dec-2019 08:47:27
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
HxCDF
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HxCDF Standards
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Min

0

13

26

39

52

65

78

91

Y
 ( 

X
10

00
)

F3:m/z     383.8639
13C-1,2,3,6,7,8-HxCDF
          43.91

13C-1,2,3,7,8,9-HxCDF
          45.57

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F3:m/z     385.8610
13C-1,2,3,6,7,8-HxCDF
          43.91

13C-1,2,3,7,8,9-HxCDF
          45.57
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

1

7

13

19

25

31

37

43

49

55

61

67

Y
 ( 

X
10

)

F3:m/z     373.8208

Non-2,3,7,8-sub-HxCDF
          43.54

Non-2,3,7,8-sub-HxCDF
          42.73

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

2

7

12

17

22

27

32

37

42

47

Y
 ( 

X
10

)

F3:m/z     375.8178

Non-2,3,7,8-sub-HxCDF
          43.54

Non-2,3,7,8-sub-HxCDF
          42.76

HxCDF Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

1

7

13

19

25

31

37

43

49

55

61

67

Y
 ( 

X
10

)

F3:m/z     373.8208

Non-2,3,7,8-sub-HxCDF
          43.54

Non-2,3,7,8-sub-HxCDF
          42.73

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

2

7

12

17

22

27

32

37

42

47

Y
 ( 

X
10

)

F3:m/z     375.8178

Non-2,3,7,8-sub-HxCDF
          43.54

Non-2,3,7,8-sub-HxCDF
          42.76

HxCDF Interference Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

2

5

8

11

14

17

20

23

26

29

Y
 ( 

X
10

)

F3:m/z     445.7555 43.54
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.50- 45.75)
Signal: 1

Processing Integration Results
RT = 42.731 Area = 1435

42.1 42.3 42.5 42.7 42.9 43.1 43.3
Min

1

5

9

13

17

21

25

29

33

37

41

45

49

53

57
Y

 ( 
X

10
)

F3:m/z     373.8208

Manual Integration Results
RT = 42.731 Area = 1025 M

42.1 42.3 42.5 42.7 42.9 43.1 43.3
Min

1

5

9

13

17

21

25

29

33

37

41

45

49

53

57

Y
 ( 

X
10

)

F3:m/z     373.8208

Reviewer: davidsonm, 18-Dec-2019 08:47:46
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 42.50- 45.75)
Signal: 1

Processing Integration Results
RT = 43.542 Area = 1909

42.9 43.1 43.3 43.5 43.7 43.9 44.1
Min

1

5

9

13

17

21

25

29

33

37

41

45

49

53

57
Y

 ( 
X

10
)

F3:m/z     373.8208

Manual Integration Results
RT = 43.542 Area = 1849 M

42.9 43.1 43.3 43.5 43.7 43.9 44.1
Min

1

5

9

13

17

21

25

29

33

37

41

45

49

53

57

Y
 ( 

X
10

)

F3:m/z     373.8208

Reviewer: davidsonm, 18-Dec-2019 08:47:46
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDF, Signal: 2,   m/z: 375.8178, RT: ( 42.50- 45.75)
Signal: 2

Processing Integration Results
RT = 43.542 Area = 1643

42.9 43.1 43.3 43.5 43.7 43.9 44.1
Min

2

5

8

11

14

17

20

23

26

29

32

35

38

41

Y
 ( 

X
10

)
F3:m/z     375.8178

Manual Integration Results
RT = 43.542 Area = 1482 M

42.9 43.1 43.3 43.5 43.7 43.9 44.1
Min

2

5

8

11

14

17

20

23

26

29

32

35

38

41

Y
 ( 

X
10

)

F3:m/z     375.8178

Reviewer: davidsonm, 18-Dec-2019 08:47:48
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
HpCDD

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
)

F4:m/z     423.7767
Non-2,3,7,8-sub-HpCDD
          48.44

1,2,3,4,6,7,8-HpCDD
          49.61

51.9751.3248.68 50.8150.23

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
)

F4:m/z     425.7737
Non-2,3,7,8-sub-HpCDD
          48.43

1,2,3,4,6,7,8-HpCDD
          49.59

51.8951.9748.66 51.3350.5049.9349.34

HpCDD Standards

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
)

F4:m/z     435.8169
13C-1,2,3,4,6,7,8-HpCDD
          49.59

49.91

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F4:m/z     437.8140
13C-1,2,3,4,6,7,8-HpCDD
          49.59

49.81 50.5048.41
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
HpCDD

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
)

F4:m/z     423.7767

Non-2,3,7,8-sub-HpCDD
          48.44

1,2,3,4,6,7,8-HpCDD
          49.61

51.9751.3248.68 50.8150.23

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
)

F4:m/z     425.7737

Non-2,3,7,8-sub-HpCDD
          48.43

1,2,3,4,6,7,8-HpCDD
          49.59

51.8951.9748.66 51.3350.5049.9349.34

HpCDD Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

1

9

17

25

33

41

49

57

Y
 ( 

X
10

)

F4:m/z     407.7817
Non-2,3,7,8-sub-HpCDF
          48.60

47.73 1,2,3,4,7,8,9-HpCDF
          50.27

48.71 50.35
48.46

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

1

11

21

31

41

51

61

71

Y
 ( 

X
10

)

F4:m/z     409.7788
1,2,3,4,6,7,8-HpCDF
          47.95

48.73
47.70 48.33 1,2,3,4,7,8,9-HpCDF

          50.28

HpCDF Standards

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F4:m/z     417.8250
13C-1,2,3,4,6,7,8-HpCDF
          47.92

13C-1,2,3,4,7,8,9-HpCDF
          50.25

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F4:m/z     419.8220
13C-1,2,3,4,6,7,8-HpCDF
          47.92

13C-1,2,3,4,7,8,9-HpCDF
          50.25
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

1

7

13

19

25

31

37

43

49

55

61

Y
 ( 

X
10

)

F4:m/z     407.7817

Non-2,3,7,8-sub-HpCDF
          48.60

47.73 1,2,3,4,7,8,9-HpCDF
          50.27

48.71 50.35
48.46

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

1

8

15

22

29

36

43

50

57

64

71

Y
 ( 

X
10

)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.95

48.73
47.70 48.33 1,2,3,4,7,8,9-HpCDF

          50.28

HpCDF Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

1

7

13

19

25

31

37

43

49

55

61

Y
 ( 

X
10

)

F4:m/z     407.7817

Non-2,3,7,8-sub-HpCDF
          48.60

47.73 1,2,3,4,7,8,9-HpCDF
          50.27

48.71 50.35
48.46

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

1

8

15

22

29

36

43

50

57

64

71

Y
 ( 

X
10

)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.95

48.73
47.70 48.33 1,2,3,4,7,8,9-HpCDF

          50.28

HpCDF Interference Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

19

27

35

43

51

59

67

75

83

91

99

107

Y

F4:m/z     479.7165 47.67
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  50.27
Area: 525
Amount:    0.047893
Amount Units: pg/ul

49.9 50.1 50.3 50.5 50.7
Min

2

3

4

5

6

7

8

9

10
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Y
 ( 

X
10

)

F4:m/z     407.7817

 5
0.

26
8

Manual Integration Results
RT:  50.27
Area: 339
Amount:    0.035984
Amount Units: pg/ul

49.9 50.1 50.3 50.5 50.7
Min

RT

2

3

4

5

6

7

8

9

10

11

12

13

14

15

Y
 ( 

X
10

)

F4:m/z     407.7817

 5
0.

26
8

Reviewer: davidsonm, 18-Dec-2019 08:48:17
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:48:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Instrument ID: D2A
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7817, RT: ( 47.75- 51.27)
Signal: 1

Processing Integration Results
RT = 48.596 Area = 2524

47.9 48.1 48.3 48.5 48.7 48.9 49.1
Min

2

6

10

14

18

22

26

30

34

38

42
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50

Y
 ( 

X
10

)
F4:m/z     407.7817

Manual Integration Results
RT = 48.596 Area = 2220 M

47.9 48.1 48.3 48.5 48.7 48.9 49.1
Min

2

6

10

14
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34
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50

Y
 ( 

X
10

)

F4:m/z     407.7817

Reviewer: davidsonm, 18-Dec-2019 08:48:30
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:48:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
OCDD

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

3

6

9

12

15

18

Y
 ( 

X
10
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Report Date: 18-Dec-2019 08:48:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
OCDD
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OCDD Lock Mass
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Report Date: 18-Dec-2019 08:48:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
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Report Date: 18-Dec-2019 08:48:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
OCDF
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OCDF Lock Mass
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Report Date: 18-Dec-2019 08:48:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 06:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36166 Sample Line#: 10
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
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OCDF Interference Mass
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(0-1)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-16

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-16-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  11:50

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  14:14

Low1(uL)

20(uL)

% Moisture: 28.8

Sample wt/vol: 9.89(g)

N

Analysis Batch No.: 36178 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.17q51207-31-9 2,3,7,8-TCDF 3.6

%RECCAS NO. LIMITSQISOTOPE DILUTION

61 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 15:06:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A         
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Sample Type: Client
Inject. Date: 18-Dec-2019 14:14:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014075-007
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 15:06:39 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 15:06:39

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:42      12695 0.69   1.2213      0.4584      0.4584   0.1281   0.1281
  2,3,7,8-TCDF 22:12      46554 0.77   1.1100       1.384       1.284   0.0602   0.0602  RQM
D 13C-2,3,7,8-TCDD 19:40    1133689 0.83   1.0031        34.3        34.3   0.3593   0.3593  68.66
D 13C-2,3,7,8-TCDF 22:11    1633617 0.79   1.6193        30.6        30.6   0.2729   0.2729  61.29  a
$ 37Cl4-2,3,7,8-TCDD 19:41     280880   1.1834       7.210       7.210   0.0444   0.0444  72.10

* 13C-1,2,3,4-TCDD 20:06    3292180 0.79  1.6E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 15:06:39 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-16-a.d
Lims ID: 140-17578-A-16-A         
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Sample Type: Client
Inject. Date: 18-Dec-2019 14:14:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014075-007
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 15:06:39 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 15:06:39

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:42 19:43   -1  1.002       5197        938     98    245     10
321.8936 19:43 19:43    0  1.003       7498        874    133    332      7  0.69(0.65-0.89)

2,3,7,8-TCDF RQM
303.9016 22:12 22:12   -1  1.001      23889       2956     60    150     49 M

Empc Correction      20252       2854     60    150     48
305.8987 22:13 22:12    0  1.002      26302       3707     56    140     66  0.91(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:40 19:39   -1  0.978     512903      83526    380    950    220
333.9338 19:40 19:39   -1  0.978     620786     100919    381    952    265  0.83(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 22:11 22:11    0  1.104     719938      90559    290    725    312 a
317.9389 22:10 22:11   -1  1.103     913679     126264    643   1607    196  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:41 19:41   -2  0.979     280880      45777    111    277    412

13C-1,2,3,4-TCDD
331.9368 20:06 20:08   -2    1448198     229279    380    950    603
333.9338 20:06 20:08   -2    1843982     298472    381    952    783  0.79(0.65-0.89)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 15:06:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 14:14:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36178 Sample Line#: 7
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 15:06:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 14:14:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36178 Sample Line#: 7
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Lock Mass
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Report Date: 18-Dec-2019 15:06:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 14:14:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Worklist#: 36178 Sample Line#: 7
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 18-Dec-2019 15:06:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 14:14:00 Instrument ID: D12C
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  22.20
Area: 24536
Amount:    1.401757
Amount Units: pg/ul
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Manual Integration Results
RT:  22.20
Area: 23889
Amount:    1.383917
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 15:06:27
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 15:06:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-16-a.d
Injection Date: 18-Dec-2019 14:14:00 Instrument ID: D12C
Lims ID: 140-17578-A-16-A         Lab Sample ID: 140-17578-16             
Client ID: 11187072-120719-SS-SJSSA02(0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  22.18

21.6 21.8 22.0 22.2 22.4 22.6
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

90

Y
 ( 

X
10

00
)
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Manual Integration Results
RT:  22.18
Area: 719938
Amount:   30.644204
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 15:06:06
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-17

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-17-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  11:55

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  07:02

Low1(uL)

20(uL)

% Moisture: 24.8

Sample wt/vol: 9.55(g)

N

Analysis Batch No.: 36166 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.093J1746-01-6 2,3,7,8-TCDD 1.1

1.4 0.093B q41903-57-5 Total TCDD 11

7.0 0.065J q40321-76-4 1,2,3,7,8-PeCDD 0.17

7.0 0.065q36088-22-9 Total PeCDD 8.8

7.0 0.17J q39227-28-6 1,2,3,4,7,8-HxCDD 0.33

7.0 0.17J57653-85-7 1,2,3,6,7,8-HxCDD 0.42

7.0 0.16J19408-74-3 1,2,3,7,8,9-HxCDD 1.4

7.0 0.17B q34465-46-8 Total HxCDD 34

7.0 0.17B35822-46-9 1,2,3,4,6,7,8-HpCDD 21

7.0 0.17B37871-00-4 Total HpCDD 77

14 0.024B3268-87-9 OCDD 510

1.4 0.072B q30402-14-3 Total TCDF 6.8

7.0 0.06357117-41-6 1,2,3,7,8-PeCDF ND

7.0 0.06157117-31-4 2,3,4,7,8-PeCDF ND

7.0 0.062J q30402-15-4 Total PeCDF 1.1

7.0 0.084J70648-26-9 1,2,3,4,7,8-HxCDF 1.1

7.0 0.087J57117-44-9 1,2,3,6,7,8-HxCDF 0.35

7.0 0.08460851-34-5 2,3,4,6,7,8-HxCDF ND

7.0 0.1272918-21-9 1,2,3,7,8,9-HxCDF ND

7.0 0.094J I q55684-94-1 Total HxCDF 3.1

7.0 0.10J B67562-39-4 1,2,3,4,6,7,8-HpCDF 2.6

7.0 0.17J B55673-89-7 1,2,3,4,7,8,9-HpCDF 0.52

7.0 0.13J B q38998-75-3 Total HpCDF 4.8

14 0.12J B q39001-02-0 OCDF 4.3

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-17

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-17-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  11:55

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  07:02

Low1(uL)

20(uL)

% Moisture: 24.8

Sample wt/vol: 9.55(g)

N

Analysis Batch No.: 36166 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

59 25-16476523-40-5 13C-2,3,7,8-TCDD

63 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

66 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

70 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

68 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

59 17-157114423-97-1 13C-OCDD

61 24-16989059-46-1 13C-2,3,7,8-TCDF

61 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

63 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

67 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

67 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

69 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

66 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

68 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

61 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

60 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

67 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A         
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Sample Type: Client
Inject. Date: 18-Dec-2019 07:02:00 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-011
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 08:56:47 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 08:56:47

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:55       4988 0.74   1.1733      0.3940      0.3940   0.0333   0.0333  M
A Non-2,3,7,8-sub-TCDD 29:27      46829 0.77   1.1733       3.874       3.699   0.0333    2.698  RQM
S Total TCDD       4.268       4.093   0.0333   0.0333  RQ

  2,3,7,8-TCDF 28:53      26419 0.82   1.0881       1.323       1.323   0.0257   0.0257  M
A Non-2,3,7,8-sub-TCDF 28:10      22366 0.77   1.0881       1.325       1.120   0.0257   0.5538  RQM
S Total TCDF       2.648       2.443   0.0257   0.0257  RQ

  1,2,3,7,8-PeCDD 40:35        595 1.55   1.0434      0.0718      0.0604   0.0235   0.0235  RQM
A Non-2,3,7,8-sub-PeCDD 39:24      30499 1.55   1.0434       3.151       3.097   0.0235    1.915  RQ
S Total PeCDD       3.222       3.157   0.0235   0.0235  RQ

  1,2,3,7,8-PeCDF 38:45   0.0227   0.0227
  2,3,4,7,8-PeCDF 40:01   0.0218   0.0218
A Non-2,3,7,8-sub-PeCDF 37:59       6656 1.55   1.1496      0.4766      0.3927   0.0222   0.1554  RQM
S Total PeCDF      0.4766      0.3927   0.0223   0.0223  RQ

  1,2,3,4,7,8-HxCDD 44:50       1397 1.24   1.1409      0.1351      0.1179   0.0618   0.0618  RQMa
  1,2,3,6,7,8-HxCDD 45:00       2009 1.27   1.1481      0.1522      0.1522   0.0616   0.0616  M
  1,2,3,7,8,9-HxCDD 45:20       6679 1.17   1.2212      0.4997      0.4997   0.0579   0.0579  M
A Non-2,3,7,8-sub-HxCDD 44:17     148681 1.24   1.1700        11.7        11.6   0.0604    9.640  RQM
S Total HxCDD        12.5        12.4   0.0604   0.0604  RQ

  1,2,3,4,7,8-HxCDF 43:49       8085 1.36   1.3629      0.4114      0.4114   0.0303   0.0303
  1,2,3,6,7,8-HxCDF 43:57       2821 1.14   1.2762      0.1259      0.1259   0.0314   0.0314  M
  2,3,4,6,7,8-HxCDF 44:38   0.0303   0.0303
  1,2,3,7,8,9-HxCDF 45:38   0.0423   0.0423  U
A Non-2,3,7,8-sub-HxCDF 44:08      11675 1.24   1.2905      0.6875      0.5783   0.0330   0.3133  RQ
S Total HxCDF       1.225       1.116   0.0336   0.0336  RQ

  1,2,3,4,6,7,8-HpCDD 49:38      82978 1.04   1.1204       7.447       7.447   0.0607   0.0607
A Non-2,3,7,8-sub-HpCDD 49:01     223875 1.08   1.1204        20.1        20.1   0.0607     20.1
S Total HpCDD        27.5        27.5   0.0607   0.0607

  1,2,3,4,6,7,8-HpCDF 47:58      17794 1.08   1.4984      0.9310      0.9310   0.0363   0.0363  M
  1,2,3,4,7,8,9-HpCDF 50:16       2547 1.11   1.3807      0.1868      0.1868   0.0597   0.0597
A Non-2,3,7,8-sub-HpCDF 49:31       9686 1.04   1.4395      0.6584      0.5946   0.0455   0.3878  RQMa
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF       1.776       1.712   0.0480   0.0480  RQ

  OCDD 53:53    1645010 0.93   1.2073       182.1       182.1 0.008518 0.008518
  OCDF 54:01      19604 0.89   1.1162       1.690       1.541   0.0445   0.0445  RQM
D 13C-2,3,7,8-TCDD 30:48     539542 0.77   1.0709        29.3        29.3   0.2303   0.2303  58.58
D 13C-2,3,7,8-TCDF 28:49     917736 0.76   1.7545        30.4        30.4   0.5289   0.5289  60.81
D 13C-1,2,3,7,8-PeCDD 40:34     471957 1.56   0.8743        31.4        31.4   0.3069   0.3069  62.76
D 13C-1,2,3,7,8-PeCDF 38:47     724239 1.58   1.3704        30.7        30.7   0.5288   0.5288  61.44
D 13C-2,3,4,7,8-PeCDF 40:02     750275 1.44   1.3837        31.5        31.5   0.5237   0.5237  63.04
D 13C-1,2,3,4,7,8-HxCDD 44:49     519405 1.20   0.8772        33.0        33.0   0.1554   0.1554  65.91
D 13C-1,2,3,6,7,8-HxCDD 44:57     575024 1.39   0.9171        34.9        34.9   0.1486   0.1486  69.79
D 13C-1,2,3,4,7,8-HxCDF 43:49     720904 0.53   1.1892        33.7        33.7   0.3611   0.3611  67.48
D 13C-1,2,3,6,7,8-HxCDF 43:56     878091 0.52   1.4625        33.4        33.4   0.2936   0.2936  66.83
D 13C-2,3,4,6,7,8-HxCDF 44:39     820768 0.54   1.3197        34.6        34.6   0.3254   0.3254  69.23
D 13C-1,2,3,7,8,9-HxCDF 45:36     708856 0.52   1.2001        32.9        32.9   0.3578   0.3578  65.75
D 13C-1,2,3,4,6,7,8-HpCDD 49:37     497219 1.02   0.8155        33.9        33.9   0.1805   0.1805  67.87
D 13C-1,2,3,4,6,7,8-HpCDF 47:57     637775 0.47   1.0496        33.8        33.8   0.2666   0.2666  67.63
D 13C-1,2,3,4,7,8,9-HpCDF 50:16     493743 0.49   0.8947        30.7        30.7   0.3128   0.3128  61.42
D 13C-OCDD 53:52     748358 0.93   0.7044        59.1        59.1   0.3552   0.3552  59.13
D 13C-OCDF 54:00    1139533 0.97   1.0615        59.7        59.7   0.2811   0.2811  59.75
$ 37Cl4-2,3,7,8-TCDD 30:51     141627   1.2266       6.712       6.712   0.0265   0.0265  67.12

* 13C-1,2,3,4-TCDD 30:18    1720205 0.79  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:20    1796792 1.26    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A         
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Sample Type: Client
Inject. Date: 18-Dec-2019 07:02:00 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-011
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 08:56:47 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 08:56:47

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD M
319.8965 30:55 30:55    6  1.004       2117        223      8     20     28 M
321.8936 30:54 30:55    5  1.003       2871        417     10     25     42  0.74(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQM

319.8965 24:58 29:27 -268  0.810        717        125      8     20     16
Empc Correction        582         88      8     20     11

321.8936 24:57 29:27 -269  0.810        756        115     10     25     12  0.95(0.65-0.89)

319.8965 25:39 29:27 -227  0.833        554        194      8     20     24
321.8936 25:40 29:27 -226  0.833        870        144     10     25     14  0.64(0.65-0.89)

Empc Correction        719        251     10     25     25

319.8965 26:19 29:27 -188  0.854       1067        158      8     20     20 M
321.8936 26:20 29:27 -187  0.855       2041        472     10     25     47  0.52(0.65-0.89) M

Empc Correction       1385        205     10     25     21

319.8965 27:50 29:27  -97  0.903      15032       1780      8     20    223
321.8936 27:48 29:27  -99  0.902      19124       2481     10     25    248  0.79(0.65-0.89)

319.8965 28:20 29:27  -67  0.920        400         66      8     20      8
321.8936 28:19 29:27  -68  0.919        495         74     10     25      7  0.81(0.65-0.89) M

319.8965 28:38 29:27  -48  0.929        283         64      8     20      8
Empc Correction        179         41      8     20      5

321.8936 28:38 29:27  -48  0.929        233         54     10     25      5  1.21(0.65-0.89) M

319.8965 28:47 29:27  -39  0.934        168         30      8     20      4 M
321.8936 28:46 29:27  -40  0.934        506        141     10     25     14  0.33(0.65-0.89)

Empc Correction        218         38     10     25      4

319.8965 30:20 29:27   53  0.985       1936        251      8     20     31 M
321.8936 30:16 29:27   49  0.983       3247        371     10     25     37  0.60(0.65-0.89)

Empc Correction       2514        325     10     25     33
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 31:57 29:27  150  1.037        170         58      8     20      7
321.8936 31:58 29:27  151  1.038        190         58     10     25      6  0.89(0.65-0.89)

319.8965 34:04 29:27  277  1.106        482        111      8     20     14 M
321.8936 34:07 29:27  280  1.108        774        119     10     25     12  0.62(0.65-0.89) M

Empc Correction        625        144     10     25     14

2,3,7,8-TCDF M
303.9016 28:53 28:52    4  1.002      11893       1251      9     22    139
305.8987 28:52 28:52    3  1.002      14526       1569     15     37    105  0.82(0.65-0.89) M

A Non-2,3,7,8-sub-TCDF RQM

303.9016 23:49 28:10 -260  0.826        503         94      9     22     10
Empc Correction        338         76      9     22      8

305.8987 23:52 28:10 -257  0.828        440        100     15     37      7  1.14(0.65-0.89)

303.9016 24:23 28:10 -226  0.846        212         40      9     22      4
305.8987 24:23 28:10 -226  0.846       1059        167     15     37     11  0.20(0.65-0.89)

Empc Correction        275         51     15     37      3

303.9016 25:07 28:10 -183  0.871        263         64      9     22      7
305.8987 25:05 28:10 -185  0.870        932        160     15     37     11  0.28(0.65-0.89)

Empc Correction        341         83     15     37      6

303.9016 25:42 28:10 -147  0.892       1066        130      9     22     14 M
Empc Correction        843        167      9     22     19

305.8987 25:48 28:10 -141  0.895       1096        217     15     37     14  0.97(0.65-0.89)

303.9016 26:18 28:10 -112  0.912        638         58      9     22      6 M
Empc Correction        398         70      9     22      8

305.8987 26:22 28:10 -108  0.915        517         91     15     37      6  1.23(0.65-0.89) M

303.9016 27:01 28:10  -69  0.937        564        125      9     22     14
Empc Correction        349         70      9     22      8

305.8987 26:59 28:10  -71  0.936        454         92     15     37      6  1.24(0.65-0.89)

303.9016 27:47 28:10  -23  0.964       5737        705      9     22     78
Empc Correction       4811        646      9     22     72

305.8987 27:48 28:10  -22  0.964       6249        839     15     37     56  0.92(0.65-0.89)

303.9016 30:05 28:10  115  1.044        686         89      9     22     10
305.8987 30:07 28:10  117  1.045        900        145     15     37     10  0.76(0.65-0.89) M

303.9016 32:48 28:10  277  1.138       1757        294      9     22     33
Empc Correction       1014        133      9     22     15

305.8987 32:55 28:10  284  1.142       1317        173     15     37     12  1.33(0.65-0.89)

303.9016 33:49 28:10  339  1.174       1027        153      9     22     17 M
Empc Correction        810        109      9     22     12

305.8987 33:53 28:10  343  1.176       1053        142     15     37      9  0.98(0.65-0.89) M

1,2,3,7,8-PeCDD RQM
355.8546 40:35 40:35    2  1.000        362         77      1      2     77 M
357.8516 40:35 40:35    2  1.000        345         84     20     50      4  1.05(1.32-1.78)

Empc Correction        233         49     20     50      2

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 37:38 39:24 -106  0.928       2923        497      1      2    497
357.8516 37:37 39:24 -107  0.927       1900        341     20     50     17  1.54(1.32-1.78)
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

355.8546 38:29 39:24  -55  0.949      11364       2150      1      2   2150
357.8516 38:29 39:24  -55  0.949       7499       1687     20     50     84  1.52(1.32-1.78)

355.8546 39:11 39:24  -13  0.966        388        108      1      2    108
357.8516 39:11 39:24  -13  0.966        598        163     20     50      8  0.65(1.32-1.78)

Empc Correction        250         69     20     50      3

355.8546 39:44 39:24   20  0.980        768        140      1      2    140
357.8516 39:42 39:24   18  0.979        678        188     20     50      9  1.13(1.32-1.78)

Empc Correction        495         90     20     50      5

355.8546 39:52 39:24   27  0.983       3136        701      1      2    701
357.8516 39:51 39:24   26  0.982       1776        292     20     50     15  1.77(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 38:46      10      25
341.8567 38:46      21      52

2,3,4,7,8-PeCDF
339.8597 40:02      10      25
341.8567 40:02      21      52

A Non-2,3,7,8-sub-PeCDF RQM

339.8597 37:18 37:59  -41  0.962       2174        387     10     25     39
Empc Correction       1601        280     10     25     28

341.8567 37:18 37:59  -41  0.962       1033        181     21     52      9  2.10(1.32-1.78)

339.8597 38:16 37:59   17  0.987       1825        181     10     25     18
Empc Correction       1396        247     10     25     25

341.8567 38:18 37:59   19  0.988        901        160     21     52      8  2.03(1.32-1.78)

339.8597 39:20 37:59   81  1.014       1049        134     10     25     13
341.8567 39:20 37:59   81  1.014       1097        201     21     52     10  0.96(1.32-1.78) M

Empc Correction        676         86     21     52      4

1,2,3,4,7,8-HxCDD RQMa
389.8158 44:50 44:50    1  1.000        977        301     50    125      6 M

Empc Correction        773        224     50    125      4
391.8127 44:50 44:50    1  1.000        624        181     27     67      7  1.57(1.05-1.43)

1,2,3,6,7,8-HxCDD M
389.8158 45:00 44:58    3  1.001       1123        248     50    125      5
391.8127 44:58 44:58    1  1.000        886        227     27     67      8  1.27(1.05-1.43) M

1,2,3,7,8,9-HxCDD M
389.8158 45:20 45:19    1  1.011       3605        609     50    125     12
391.8127 45:19 45:19    0  1.011       3074        666     27     67     25  1.17(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD RQM

389.8158 43:17 44:17  -59  0.963      68334      18985     50    125    380 M
391.8127 43:17 44:17  -59  0.963      55105      14616     27     67    541  1.24(1.05-1.43) M

389.8158 43:51 44:17  -26  0.976       1425        293     50    125      6
391.8127 43:52 44:17  -25  0.976       1321        294     27     67     11  1.08(1.05-1.43)

389.8158 44:09 44:17   -8  0.982      11146       2680     50    125     54
391.8127 44:09 44:17   -8  0.982       8645       2123     27     67     79  1.29(1.05-1.43)

389.8158 44:19 44:17    2  0.986       2165        461     50    125      9
Empc Correction       1497        244     50    125      5

391.8127 44:17 44:17    0  0.985       1208        197     27     67      7  1.79(1.05-1.43) M
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8-HxCDF
373.8208 43:49 43:49    1  1.000       4661        826     30     75     28
375.8178 43:50 43:49    2  1.000       3424        806     34     85     24  1.36(1.05-1.43)

1,2,3,6,7,8-HxCDF M
373.8208 43:57 43:57    1  1.000       1502        400     30     75     13 M
375.8178 43:57 43:57    1  1.000       1319        297     34     85      9  1.14(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 44:39      30      75
375.8178 44:39      34      85

1,2,3,7,8,9-HxCDF U
373.8208 45:36      30      75
375.8178 45:36      34      85

A Non-2,3,7,8-sub-HxCDF RQ

373.8208 42:35 44:08  -93  0.969       1457        365     30     75     12
Empc Correction        980        293     30     75     10

375.8178 42:36 44:08  -92  0.970        791        237     34     85      7  1.84(1.05-1.43)

373.8208 42:46 44:08  -82  0.973       3438        790     30     75     26
375.8178 42:46 44:08  -82  0.973       2886        548     34     85     16  1.19(1.05-1.43)

373.8208 43:22 44:08  -46  0.987       1652        353     30     75     12
Empc Correction        705        187     30     75      6

375.8178 43:21 44:08  -47  0.987        569        151     34     85      4  2.90(1.05-1.43)

373.8208 43:34 44:08  -33  0.992       1277        438     30     75     15
375.8178 43:33 44:08  -34  0.992       1808        544     34     85     16  0.71(1.05-1.43)

Empc Correction       1029        353     34     85     10

1,2,3,4,6,7,8-HpCDD
423.7767 49:38 49:38    2  1.000      42270       7193     14     35    514
425.7737 49:38 49:38    2  1.000      40708       7120     34     85    209  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 48:28 49:01  -33  0.977     116432      23387     14     35   1671
425.7737 48:28 49:01  -33  0.977     107443      22854     34     85    672  1.08(0.88-1.20)

1,2,3,4,6,7,8-HpCDF M
407.7817 47:58 47:58    1  1.000       9253       1960     32     80     61 M
409.7788 47:58 47:58    1  1.000       8541       2129     27     67     79  1.08(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50:16 50:17    0  1.000       1341        240     32     80      8
409.7788 50:17 50:17    1  1.000       1206        229     27     67      8  1.11(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF RQMa

407.7817 48:21 49:31  -69  1.008       1718        380     32     80     12 a
409.7788 48:20 49:31  -70  1.008       2068        414     27     67     15  0.83(0.88-1.20)

Empc Correction       1651        365     27     67     14

407.7817 48:36 49:31  -55  1.013       3841        838     32     80     26 M
Empc Correction       3220        623     32     80     19

409.7788 48:38 49:31  -53  1.014       3097        600     27     67     22  1.24(0.88-1.20) M

OCDD
457.7377 53:53 53:52    2  1.000     792597     174940      2      5  87470
459.7348 53:53 53:52    2  1.000     852413     193490      5     12  38698  0.93(0.76-1.02)
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDF RQM
441.7428 54:01 54:01    2  1.000      11121       2721     27     67    101 M

Empc Correction       9231       2025     27     67     75
443.7399 54:01 54:01    2  1.000      10373       2276     23     57     99  1.07(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:48 30:48    3  1.017     234238      25291    130    325    195
333.9338 30:48 30:48    3  1.017     305304      32312     52    130    621  0.77(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:49 28:49    3  0.951     395343      50255    344    860    146
317.9389 28:49 28:49    3  0.951     522393      57041    341    852    167  0.76(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:34 40:36    2  1.339     287653      64345    117    292    550
369.8919 40:34 40:36    2  1.339     184304      41862     81    202    517  1.56(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:47 38:48    2  1.280     443221      86750    295    737    294
353.8970 38:47 38:48    2  1.280     281018      56058    240    600    234  1.58(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:02 40:04    2  1.321     442824      94852    295    737    322
353.8970 40:02 40:04    2  1.321     307451      64007    240    600    267  1.44(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:49 44:50    1  0.989     283076      76128     98    245    777
403.8529 44:49 44:50    1  0.989     236329      59990    128    320    469  1.20(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:57 44:58    1  0.991     334030      75970     98    245    775
403.8529 44:57 44:58    1  0.991     240994      59695    128    320    466  1.39(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:49 43:49    2  0.966     250939      66688    413   1032    161
385.8610 43:49 43:49    2  0.966     469965     126887    299    747    424  0.53(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:56 43:57    1  0.969     299383      67371    413   1032    163
385.8610 43:56 43:57    1  0.969     578708     132302    299    747    442  0.52(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:39 44:39    2  0.985     286434      71268    413   1032    173
385.8610 44:39 44:39    2  0.985     534334     137254    299    747    459  0.54(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:36 45:36    2  1.006     241142      49852    413   1032    121
385.8610 45:36 45:36    2  1.006     467714     100606    299    747    336  0.52(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:37 49:38    2  1.095     250720      44912     78    195    576
437.8140 49:36 49:38    1  1.094     246499      43374    166    415    261  1.02(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:57 47:57    2  1.058     204150      43348    140    350    310
419.8220 47:57 47:57    2  1.058     433625      91765    324    810    283  0.47(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:17    1  1.109     161801      30742    140    350    220
419.8220 50:16 50:17    1  1.109     331942      58462    324    810    180  0.49(0.37-0.51)
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-OCDD
469.7780 53:52 53:54    1  1.188     361016      79628    246    615    324
471.7750 53:52 53:54    1  1.188     387342      85680    169    422    507  0.93(0.76-1.02)

13C-OCDF
453.7830 54:00 54:02    1  1.191     559794     123652    294    735    421
455.7801 54:00 54:02    1  1.191     579739     127884    201    502    636  0.97(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:51 30:50    4  1.018     141627      14926     24     60    622

13C-1,2,3,4-TCDD
331.9368 30:18 30:15    3     761306      82639    130    325    636
333.9338 30:18 30:15    3     958899     101850     52    130   1959  0.79(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:20 45:17    2    1002173     233980     98    245   2388
403.8529 45:20 45:17    2     794619     180546    128    320   1411  1.26(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Inject. Date: 18-Dec-2019 07:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 11

Non-2,3,7,8-sub-TCDD, RT: 29.435

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000          539542           57603
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000          539542           57603

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:58               717               125               756               115      0.1163 0.95 RQ
24:58               582                88               756               115      0.1057 Empc Correction
25:39               554               194               870               144      0.1125 0.64 RQ
25:39               554               194               719               251      0.1005 Empc Correction
26:19              1067               158              2041               472      0.2455 0.52 RQM
26:19              1067               158              1385               205      0.1937 Empc Correction
27:50             15032              1780             19124              2481        2.70 0.79
28:20               400                66               495                74      0.0707 0.81 M
28:38               283                64               233                54      0.0408 1.21 RQM
28:38               179                41               233                54      0.0325 Empc Correction
28:47               168                30               506               141      0.0532 0.33 RQM
28:47               168                30               218                38      0.0305 Empc Correction
30:20              1936               251              3247               371      0.4094 0.60 RQM
30:20              1936               251              2514               325      0.3515 Empc Correction
31:57               170                58               190                58      0.0284 0.89
34:04               482               111               774               119      0.0992 0.62 RQM
34:04               482               111               625               144      0.0874 Empc Correction
Signal Totals:

            20570              2777             26259              3745
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            49045              6866 0.74 RQM
            46829              6522 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.874 = (49045 * 50.000) / (539542 * 1.173)
Empc Amount:          3.699 = (46829 * 50.000) / (539542 * 1.173)
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Inject. Date: 18-Dec-2019 07:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 11

Non-2,3,7,8-sub-TCDF, RT: 28.156

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000          917736          107296
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000          917736          107296

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:49               503                94               440               100      0.0472 1.14 RQ
23:49               338                76               440               100      0.0390 Empc Correction
24:23               212                40              1059               167      0.0636 0.20 RQ
24:23               212                40               275                51      0.0244 Empc Correction
25:07               263                64               932               160      0.0598 0.28 RQ
25:07               263                64               341                83      0.0302 Empc Correction
25:42              1066               130              1096               217      0.1082 0.97 RQM
25:42               843               167              1096               217      0.0971 Empc Correction
26:18               638                58               517                91      0.0578 1.23 RQM
26:18               398                70               517                91      0.0458 Empc Correction
27:01               564               125               454                92      0.0510 1.24 RQ
27:01               349                70               454                92      0.0402 Empc Correction
27:47              5737               705              6249               839      0.6001 0.92 RQ
27:47              4811               646              6249               839      0.5538 Empc Correction
30:05               686                89               900               145      0.0794 0.76 M
32:48              1757               294              1317               173      0.1539 1.33 RQ
32:48              1014               133              1317               173      0.1167 Empc Correction
33:49              1027               153              1053               142      0.1041 0.98 RQM
33:49               810               109              1053               142      0.0933 Empc Correction
Signal Totals:

             9724              1464             12642              1933
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            26470              3878 0.89 RQM
            22366              3397 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.325 = (26470 * 50.000) / (917736 * 1.088)
Empc Amount:          1.120 = (22366 * 50.000) / (917736 * 1.088)
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Inject. Date: 18-Dec-2019 07:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 11

Non-2,3,7,8-sub-PeCDD, RT: 39.399

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000          471957          106207
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000          471957          106207

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:38              2923               497              1900               341      0.4897 1.54
38:29             11364              2150              7499              1687        1.92 1.52
39:11               388               108               598               163      0.1001 0.65 RQ
39:11               388               108               250                69      0.0648 Empc Correction
39:44               768               140               678               188      0.1468 1.13 RQ
39:44               768               140               495                90      0.1282 Empc Correction
39:52              3136               701              1776               292      0.4987 1.77
Signal Totals:

            18579              3596             11920              2479
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            31030              6267 1.49 RQ
            30499              6075 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.151 = (31030 * 50.000) / (471957 * 1.043)
Empc Amount:          3.097 = (30499 * 50.000) / (471957 * 1.043)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Inject. Date: 18-Dec-2019 07:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 11

Non-2,3,7,8-sub-PeCDF, RT: 37.968

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000          724239          142808
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000          750275          158859
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000          737257          150833

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

37:18              2174               387              1033               181      0.1892 2.10 RQ
37:18              1601               280              1033               181      0.1554 Empc Correction
38:16              1825               181               901               160      0.1608 2.03 RQ
38:16              1396               247               901               160      0.1355 Empc Correction
39:20              1049               134              1097               201      0.1266 0.96 RQM
39:20              1049               134               676                86      0.1018 Empc Correction
Signal Totals:

             4046               661              2610               427
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             8079              1244 1.67 RQM
             6656              1088 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.4766 = (8079 * 50.000) / (737257 * 1.150)
Empc Amount:         0.3927 = (6656 * 50.000) / (737257 * 1.150)
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QC Flag Legend
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Inject. Date: 18-Dec-2019 07:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 11

Non-2,3,7,8-sub-HxCDD, RT: 44.269

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000          519405          136118
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000          575024          135665
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000          547214          135891

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:17             68334             18985             55105             14616        9.64 1.24 M
43:51              1425               293              1321               294      0.2144 1.08
44:09             11146              2680              8645              2123        1.55 1.29
44:19              2165               461              1208               197      0.2634 1.79 RQM
44:19              1497               244              1208               197      0.2112 Empc Correction
Signal Totals:

            82402             22202             66279             17230
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           149349             39649 1.25 RQM
           148681             39432 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         11.663 = (149349 * 50.000) / (547214 * 1.170)
Empc Amount:         11.611 = (148681 * 50.000) / (547214 * 1.170)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Inject. Date: 18-Dec-2019 07:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 11

Non-2,3,7,8-sub-HxCDF, RT: 44.125

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000          720904          193575
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000          878091          199673
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000          820768          208522
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000          708856          150458
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000          782154          188057

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:35              1457               365               791               237      0.1114 1.84 RQ
42:35               980               293               791               237      0.0877 Empc Correction
42:46              3438               790              2886               548      0.3133 1.19
43:22              1652               353               569               151      0.1100 2.90 RQ
43:22               705               187               569               151      0.0631 Empc Correction
43:34              1277               438              1808               544      0.1528 0.71 RQ
43:34              1277               438              1029               353      0.1142 Empc Correction
Signal Totals:

             6400              1708              5275              1289
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            13878              3426 1.29 RQ
            11675              2997 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.6875 = (13878 * 50.000) / (782154 * 1.290)
Empc Amount:         0.5783 = (11675 * 50.000) / (782154 * 1.290)
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Inject. Date: 18-Dec-2019 07:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 11

Non-2,3,7,8-sub-HpCDD, RT: 49.003

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000          497219           88286
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000          497219           88286

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:28            116432             23387            107443             22854        20.1 1.08
Signal Totals:

           116432             23387            107443             22854
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           223875             46241 1.08

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         20.093 = (223875 * 50.000) / (497219 * 1.120)
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Inject. Date: 18-Dec-2019 07:02:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 11

Non-2,3,7,8-sub-HpCDF, RT: 49.509

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000          637775          135113
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000          493743           89204
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000          565759          112158

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:21              1718               380              2068               414      0.2324 0.83 RQa
48:21              1718               380              1651               365      0.2068 Empc Correction
48:36              3841               838              3097               600      0.4259 1.24 RQM
48:36              3220               623              3097               600      0.3878 Empc Correction
Signal Totals:

             4938              1003              4748               965
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            10724              2232 1.08 RQMa
             9686              1968 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.6584 = (10724 * 50.000) / (565759 * 1.440)
Empc Amount:         0.5946 = (9686 * 50.000) / (565759 * 1.440)

Page 1514 of 2476



Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID

Page 1515 of 2476



Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
TCDD
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Report Date: 18-Dec-2019 08:56:47 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
TCDD
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  30.70
Area: 244
Amount:    0.143278
Amount Units: pg/ul
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Manual Integration Results
RT:  30.90
Area: 2871
Amount:    0.393974
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:49:10
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 3

Processing Integration Results
RT:  30.78
Area: 1814
Amount:    0.143278
Amount Units: pg/ul
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Manual Integration Results
RT:  30.92
Area: 4988
Amount:    0.393974
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 08:49:10
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  30.78
Area: 1570
Amount:    0.143278
Amount Units: pg/ul
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Manual Integration Results
RT:  30.92
Area: 2117
Amount:    0.393974
Amount Units: pg/ul

30.1 30.3 30.5 30.7 30.9 31.1
Min

RT

1

3

5

7

9

11

13

15

17

19

21

23

25

27

Y
 ( 

X
10

)

F1:m/z     319.8965

 3
0.

91
6

Reviewer: davidsonm, 18-Dec-2019 08:49:25
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 26.302 Area = 871
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Manual Integration Results
RT = 26.302 Area = 1067 M
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Reviewer: davidsonm, 18-Dec-2019 08:51:01
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 26.319 Area = 1619
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Manual Integration Results
RT = 26.319 Area = 2041 M
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Reviewer: davidsonm, 18-Dec-2019 08:51:09
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 28.306 Area = 388
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Manual Integration Results
RT = 28.306 Area = 495 M
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Reviewer: davidsonm, 18-Dec-2019 08:51:09
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 28.626 Area = 166
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Manual Integration Results
RT = 28.626 Area = 233 M
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Reviewer: davidsonm, 18-Dec-2019 08:51:09
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
Not Detected
RT:  24.83- 34.04
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Manual Integration Results
RT = 28.777 Area = 168 M
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Reviewer: davidsonm, 18-Dec-2019 08:51:01
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 30.326 Area = 1740
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Manual Integration Results
RT = 30.326 Area = 1936 M
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Reviewer: davidsonm, 18-Dec-2019 08:51:01
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 24.83- 34.04)
Signal: 1

Processing Integration Results
RT = 34.064 Area = 277
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Manual Integration Results
RT = 34.064 Area = 482 M
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Reviewer: davidsonm, 18-Dec-2019 08:51:01
Audit Action: Manually Integrated Audit Reason: Incomplete Integration

Page 1527 of 2476



Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 24.83- 34.04)
Signal: 2

Processing Integration Results
RT = 34.115 Area = 463
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Manual Integration Results
RT = 34.115 Area = 774 M
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Reviewer: davidsonm, 18-Dec-2019 08:51:09
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
TCDF
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TCDF Standards
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
TCDF
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TCDF Lock Mass
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  28.86
Area: 12358
Amount:    1.214212
Amount Units: pg/ul
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Manual Integration Results
RT:  28.86
Area: 14526
Amount:    1.322760
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:51:47
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 25.696 Area = 492
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Manual Integration Results
RT = 25.696 Area = 1066 M
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Reviewer: davidsonm, 18-Dec-2019 08:52:34
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 26.369 Area = 149

25.7 25.9 26.1 26.3 26.5 26.7 26.9 27.1
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13
Y

 ( 
X

10
0)

F1:m/z     303.9016

Manual Integration Results
RT = 26.285 Area = 638 M
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Reviewer: davidsonm, 18-Dec-2019 08:52:34
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
Not Detected
RT:  22.41- 33.91
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Manual Integration Results
RT = 26.352 Area = 517 M
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Reviewer: davidsonm, 18-Dec-2019 08:52:40
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
RT = 30.107 Area = 807
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Manual Integration Results
RT = 30.107 Area = 900 M
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Reviewer: davidsonm, 18-Dec-2019 08:52:40
Audit Action: Manually Integrated Audit Reason: Baseline

Page 1538 of 2476



Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 22.41- 33.91)
Signal: 1

Processing Integration Results
RT = 33.812 Area = 502
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Manual Integration Results
RT = 33.812 Area = 1027 M
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Reviewer: davidsonm, 18-Dec-2019 08:52:34
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 22.41- 33.91)
Signal: 2

Processing Integration Results
RT = 33.879 Area = 958
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Manual Integration Results
RT = 33.879 Area = 1053 M
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Reviewer: davidsonm, 18-Dec-2019 08:52:40
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 08:56:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 1

Processing Integration Results
RT:  40.58
Area: 473
Amount:    0.083055
Amount Units: pg/ul
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Manual Integration Results
RT:  40.58
Area: 362
Amount:    0.071785
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:53:30
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
PeCDF
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
PeCDF
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PeCDF Lock Mass
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
PeCDF
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PeCDF Interference Mass
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 34.56- 41.38)
Signal: 2

Processing Integration Results
RT = 39.319 Area = 541
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Manual Integration Results
RT = 39.319 Area = 1097 M
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Reviewer: davidsonm, 18-Dec-2019 08:53:54
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  44.81
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Manual Integration Results
RT:  44.83
Area: 977
Amount:    0.135091
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:54:31
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  44.95
Area: 1512
Amount:    0.199562
Amount Units: pg/ul
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Manual Integration Results
RT:  44.95
Area: 886
Amount:    0.152152
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:54:25
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 1551 of 2476



Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  45.31
Area: 3091
Amount:    0.501016
Amount Units: pg/ul
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Manual Integration Results
RT:  45.31
Area: 3074
Amount:    0.499744
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:54:42
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8158, RT: ( 43.19- 45.35)
Signal: 1

Processing Integration Results
RT = 43.279 Area = 69413
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Manual Integration Results
RT = 43.279 Area = 68334 M
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Reviewer: davidsonm, 18-Dec-2019 08:54:57
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 43.19- 45.35)
Signal: 2

Processing Integration Results
RT = 43.279 Area = 55807
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Manual Integration Results
RT = 43.279 Area = 55105 M
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Reviewer: davidsonm, 18-Dec-2019 08:55:04
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 43.19- 45.35)
Signal: 2

Processing Integration Results
RT = 44.276 Area = 1500
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Manual Integration Results
RT = 44.276 Area = 1208 M
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Reviewer: davidsonm, 18-Dec-2019 08:55:04
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  43.94
Area: 1805
Amount:    0.139383
Amount Units: pg/ul
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Manual Integration Results
RT:  43.94
Area: 1502
Amount:    0.125864
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:55:14
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
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X
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F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF
          47.96

Non-2,3,7,8-sub-HpCDF
          48.59

1,2,3,4,7,8,9-HpCDF
          50.2648.7547.72

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
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X
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F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.96

Non-2,3,7,8-sub-HpCDF
          48.62

47.72 1,2,3,4,7,8,9-HpCDF
          50.27

48.75

HpCDF Interference Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

19

25

31

37

43

49

55

61

67

73

79

85

Y

F4:m/z     479.7165 48.75
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  47.96
Area: 4146
Amount:    0.663808
Amount Units: pg/ul
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Manual Integration Results
RT:  47.96
Area: 9253
Amount:    0.931016
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:56:06
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7817, RT: ( 47.75- 51.27)
Signal: 1

Processing Integration Results
RT = 48.586 Area = 4644
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Manual Integration Results
RT = 48.586 Area = 3841 M
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Reviewer: davidsonm, 18-Dec-2019 08:56:27
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7788, RT: ( 47.75- 51.27)
Signal: 2

Processing Integration Results
RT = 48.620 Area = 3870
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Manual Integration Results
RT = 48.620 Area = 3097 M
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Reviewer: davidsonm, 18-Dec-2019 08:56:24
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
OCDD
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OCDD Standards
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
OCDD

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
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F5:m/z     457.7377

OCDD
  53.88

54.22 54.71
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F5:m/z     459.7348

OCDD
  53.88

54.21 54.77

OCDD Lock Mass

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
OCDF

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
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Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

0)

F5:m/z     443.7399
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OCDF Standards
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
OCDF

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
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F5:m/z     443.7399

OCDF
  54.02

54.1553.90

OCDF Lock Mass

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min
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F5:m/z     425.9770
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36166 Sample Line#: 11
Column Type: Column Dia:
OCDF

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
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  54.02

53.88 54.21
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F5:m/z     443.7399

OCDF
  54.02

54.1553.90

OCDF Interference Mass

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

20

28

36

44
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60
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84
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Y

F5:m/z     513.6775
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  54.02
Area: 11315
Amount:    1.796666
Amount Units: pg/ul
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Manual Integration Results
RT:  54.02
Area: 10373
Amount:    1.689897
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:56:34
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 08:56:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 07:02:00 Instrument ID: D2A
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  54.02
Area: 11537
Amount:    1.796666
Amount Units: pg/ul
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Manual Integration Results
RT:  54.02
Area: 11121
Amount:    1.689897
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 08:56:38
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
2(1-2)

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-17

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-17-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  11:55

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/18/2019  14:50

Low1(uL)

20(uL)

% Moisture: 24.8

Sample wt/vol: 9.55(g)

N

Analysis Batch No.: 36178 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.2851207-31-9 2,3,7,8-TCDF 3.2

%RECCAS NO. LIMITSQISOTOPE DILUTION

60 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 15:47:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A         
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Sample Type: Client
Inject. Date: 18-Dec-2019 14:50:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014075-008
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 15:47:36 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 15:47:36

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:40       5467 0.77   1.2213      0.2876      0.2306   0.1555   0.1555  RQ
  2,3,7,8-TCDF 22:10      36211 0.74   1.1100       1.154       1.154   0.1003   0.1003  M
D 13C-2,3,7,8-TCDD 19:39     970388 0.80   1.0031        33.4        33.4   0.4429   0.4429  66.76
D 13C-2,3,7,8-TCDF 22:09    1413623 0.84   1.6193        30.1        30.1   0.2843   0.2843  60.25
$ 37Cl4-2,3,7,8-TCDD 19:41     242525   1.1834       7.072       7.072   0.0484   0.0484  70.72

* 13C-1,2,3,4-TCDD 20:06    2897907 0.81  1.6E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
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Report Date: 18-Dec-2019 15:47:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-17-a.d
Lims ID: 140-17578-A-17-A         
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Sample Type: Client
Inject. Date: 18-Dec-2019 14:50:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014075-008
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 15:47:36 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 15:47:36

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD RQ
319.8965 19:40 19:41   -3  1.001       3728        722    103    257      7

Empc Correction       2378        464    103    257      5
321.8936 19:41 19:41   -2  1.002       3089        603    128    320      5  1.21(0.65-0.89)

2,3,7,8-TCDF M
303.9016 22:10 22:10   -3  1.001      15371       2095    101    252     21 M
305.8987 22:11 22:10   -2  1.002      20840       2724     66    165     41  0.74(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:39 19:39   -2  0.977     432424      70803    379    947    187
333.9338 19:39 19:39   -2  0.977     537964      81152    450   1125    180  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:09 22:09   -2  1.102     646406      86211    526   1315    164
317.9389 22:09 22:09   -2  1.102     767217     101145    333    832    304  0.84(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:41 19:41   -2  0.979     242525      37950    107    267    355

13C-1,2,3,4-TCDD
331.9368 20:06 20:08   -2    1295907     205044    379    947    541
333.9338 20:06 20:08   -2    1602000     261359    450   1125    581  0.81(0.65-0.89)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
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Report Date: 18-Dec-2019 15:47:37 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 14:50:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36178 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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17.54 23.44
17.99
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Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

0)

F1:m/z     305.8987
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TCDF Standards
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          22.15
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Report Date: 18-Dec-2019 15:47:37 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 14:50:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36178 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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17.54 23.44
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17.7613.36 23.4411.75 29.23

TCDF Lock Mass
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F1:m/z     313.9834
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Report Date: 18-Dec-2019 15:47:37 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 14:50:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Worklist#: 36178 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

0)

F1:m/z     305.8987
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TCDF Interference Mass
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Report Date: 18-Dec-2019 15:47:37 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\140-17578-a-17-a.d
Injection Date: 18-Dec-2019 14:50:00 Instrument ID: D12C
Lims ID: 140-17578-A-17-A         Lab Sample ID: 140-17578-17             
Client ID: 11187072-120719-SS-SJSSA02(1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  22.16
Area: 14016
Amount:    1.110653
Amount Units: pg/ul
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Manual Integration Results
RT:  22.16
Area: 15371
Amount:    1.153829
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 15:47:25
Audit Action: Manually Integrated Audit Reason: Baseline
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY INTERNAL STANDARD - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Knoxville 140-17578-1

D12C

Analy Batch No.: 29777

1936Calibration Start Date: Calibration End Date:05/03/2019  02:43

N

05/03/2019  06:14

0.25(mm)DB 225 ID:

CURVE EVALUATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
1Level IC 140-29777/4 icl1_190503024318.d
2Level IC 140-29777/6 icl2_190503033522.d
3Level IC 140-29777/8 icl3_190503042827.d
4Level IC 140-29777/10 icl4_190503052133.d
5Level IC 140-29777/12 icl5_190503061437.d

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

2,3,7,8-TCDD 1.4197 1.2107 1.2107 1.1667 1.0989 AveID 9.8 20.01.2213
2,3,7,8-TCDF 1.1406 1.1668 1.1463 1.0475 1.0490 AveID 5.2 20.01.1100
13C-2,3,7,8-TCDD 0.9999 1.0004 1.0114 0.9724 1.0314 Ave 2.1 35.01.0031
13C-2,3,7,8-TCDF 1.5983 1.6265 1.6109 1.6559 1.6047 Ave 1.4 35.01.6193
37Cl4-2,3,7,8-TCDD 1.3526 1.2060 1.1928 1.0839 1.0817 Ave 9.41.1834

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY INTERNAL STANDARD - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Knoxville 140-17578-1

D12C

Analy Batch No.: 29777

1936Calibration Start Date: Calibration End Date:05/03/2019  02:43

N

05/03/2019  06:14

GC Column: DB 225 ID: 0.25(mm)

RESPONSE AND CONCENTRATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
Level 1 IC 140-29777/4 icl1_190503024318.d
Level 2 IC 140-29777/6 icl2_190503033522.d
Level 3 IC 140-29777/8 icl3_190503042827.d
Level 4 IC 140-29777/10 icl4_190503052133.d
Level 5 IC 140-29777/12 icl5_190503061437.d

ANALYTE CURVE
TYPE

IS
REF

RESPONSE

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CONCENTRATION (PG/UL)

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

2,3,7,8-TCDD AveID 65691 276142 5218562 3292892 20341590 0.500 2.00 10.0 40.0 200
2,3,7,8-TCDF AveID 84370 432649 7870303 5034300 30209841 0.500 2.00 10.0 40.0 200
13C-2,3,7,8-TCDD Ave13CTCDD 9254426 11404000 43104812 7055950 9255730 100 100 100 100 100
13C-2,3,7,8-TCDF Ave13CTCDD 14793464 18540424 68656093 12015584 14399916 100 100 100 100 100
37Cl4-2,3,7,8-TCDD Ave13CTCDD 62595 274951 5083567 3145878 19413307 0.500 2.00 10.0 40.0 200

Curve Type Legend:
Ave = Average ISTD
AveID = Average isotope dilution
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Report Date: 03-May-2019 13:46:43 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Lims ID: IC L1                    
Client ID:
Sample Type: IC Calib Level: 1
Inject. Date: 03-May-2019 02:43:00 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-004
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:46:43 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 09:09:36

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 21:27      65691 0.78   1.2213      0.5812      0.5812   0.0461   0.0461    116  M
  2,3,7,8-TCDF 24:23      84370 0.84   1.1100      0.5138      0.5138   0.0305   0.0305    103
D 13C-2,3,7,8-TCDD 21:24    9254426 0.80   1.0031        99.7        99.7   0.2150   0.2150  99.68  a
D 13C-2,3,7,8-TCDF 24:20   14793464 0.81   1.6193        98.7        98.7   0.2919   0.2919  98.71  a
$ 37Cl4-2,3,7,8-TCDD 21:26      62595   1.1834      0.5715      0.5715   0.0273   0.0273    114  M

* 13C-1,2,3,4-TCDD 21:58    9255545 0.81  1.6E+05       100.0       100.0

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
Reagents:
61L11613OP_00002 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:46:43 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Lims ID: IC L1                    
Client ID:
Sample Type: IC Calib Level: 1
Inject. Date: 03-May-2019 02:43:00 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-004
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:46:43 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 09:09:36

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD M
319.8965 21:27 21:25    2  1.002      28817       3806     93    232     41 M
321.8936 21:27 21:25    2  1.002      36874       5547    212    530     26  0.78(0.65-0.89) M

2,3,7,8-TCDF
303.9016 24:23 24:23    0  1.002      38574       4415    143    357     31
305.8987 24:23 24:23    0  1.002      45796       5519     97    242     57  0.84(0.65-0.89)

13C-2,3,7,8-TCDD a
331.9368 21:24 21:22    2  0.974    4109811     594111    540   1350   1100 a
333.9338 21:24 21:22    2  0.974    5144615     760255    583   1457   1304  0.80(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 24:20 24:21   -1  1.107    6627216     784085   1263   3157    621 a
317.9389 24:21 24:21    0  1.108    8166248     988215   1198   2995    825  0.81(0.65-0.89)

37Cl4-2,3,7,8-TCDD M
327.8847 21:26 21:24    2  0.975      62595       8781    168    420     52 M

13C-1,2,3,4-TCDD
331.9368 21:58 21:56    2    4149605     592187    540   1350   1097
333.9338 21:58 21:56    2    5105940     709163    583   1457   1216  0.81(0.65-0.89)

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
Reagents:
61L11613OP_00002 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 4
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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TCDD Standards
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Page 1590 of 2476



Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 4
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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TCDD Lock Mass
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Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834

Page 1591 of 2476



Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Instrument ID: D12C
Lims ID: IC L1                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  21.41
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Manual Integration Results
RT:  21.44
Area: 28817
Amount:    0.581199
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:09:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Instrument ID: D12C
Lims ID: IC L1                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  21.41
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Manual Integration Results
RT:  21.44
Area: 36874
Amount:    0.581199
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:45:36
Audit Action: Manually Integrated Audit Reason: Baseline

Page 1593 of 2476



Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Instrument ID: D12C
Lims ID: IC L1                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.96
Area: 4141983
Amount:   99.936599
Amount Units: pg/ul
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Manual Integration Results
RT:  21.39
Area: 4109811
Amount:   99.678115
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:06:59
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 4
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 4
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Instrument ID: D12C
Lims ID: IC L1                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

37Cl4-2,3,7,8-TCDD, CAS: 85508-50-5
Signal: 1

Processing Integration Results
RT:  21.42
Area: 70722
Amount:    0.625927
Amount Units: pg/ul
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Manual Integration Results
RT:  21.42
Area: 62595
Amount:    0.571492
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:46:07
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Instrument ID: D12C
Lims ID: IC L1                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.96
Area: 4141983
Amount:   99.936599
Amount Units: pg/ul
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Manual Integration Results
RT:  21.39
Area: 4109811
Amount:   99.678115
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:06:59
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected

Page 1598 of 2476



Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 4
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 4
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Lock Mass
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Report Date: 03-May-2019 13:46:44 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 4
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 03-May-2019 13:46:45 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl1_190503024318.d
Injection Date: 03-May-2019 02:43:00 Instrument ID: D12C
Lims ID: IC L1                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  24.33
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Manual Integration Results
RT:  24.32
Area: 6627216
Amount:   98.707366
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:07:09
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:11 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Lims ID: IC L2                    
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 03-May-2019 03:35:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-006
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:47:11 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 09:11:47

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 21:26     276142 0.82   1.2213       1.983       1.983   0.0940   0.0940  99.13  a
  2,3,7,8-TCDF 24:21     432649 0.77   1.1100       2.102       2.102   0.0325   0.0325    105  M
D 13C-2,3,7,8-TCDD 21:24   11404000 0.81   1.0031        99.7        99.7   0.2629   0.2629  99.73  a
D 13C-2,3,7,8-TCDF 24:19   18540424 0.81   1.6193       100.4       100.4   0.3026   0.3026    100  a
$ 37Cl4-2,3,7,8-TCDD 21:26     274951   1.1834       2.038       2.038   0.0279   0.0279    102  M

* 13C-1,2,3,4-TCDD 21:57   11399282 0.81  1.6E+05       100.0       100.0

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
Reagents:
61L21613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:47:11 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Lims ID: IC L2                    
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 03-May-2019 03:35:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-006
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:47:11 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 09:11:47

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD a
319.8965 21:26 21:25    1  1.002     124157      17160    308    770     56 a
321.8936 21:26 21:25    1  1.002     151985      21444    431   1077     50  0.82(0.65-0.89)

2,3,7,8-TCDF M
303.9016 24:21 24:23   -1  1.001     188635      22585    153    382    148 M
305.8987 24:21 24:23   -1  1.001     244014      28755    166    415    173  0.77(0.65-0.89) M

13C-2,3,7,8-TCDD a
331.9368 21:24 21:22    2  0.975    5112033     725076    771   1927    940 a
333.9338 21:23 21:22    1  0.974    6291967     884266    859   2147   1029  0.81(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 24:19 24:21   -1  1.108    8320826     988770   1641   4102    603 a
317.9389 24:19 24:21   -1  1.108   10219598    1221409   1387   3467    881  0.81(0.65-0.89)

37Cl4-2,3,7,8-TCDD M
327.8847 21:26 21:24    2  0.976     274951      39315    204    510    193 M

13C-1,2,3,4-TCDD
331.9368 21:57 21:56    1    5086944     692197    771   1927    898
333.9338 21:57 21:56    1    6312338     852942    859   2147    993  0.81(0.65-0.89)

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
Reagents:
61L21613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:47:11 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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Report Date: 03-May-2019 13:47:11 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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TCDD Lock Mass
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Instrument ID: D12C
Lims ID: IC L2                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  21.41
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Manual Integration Results
RT:  21.42
Area: 124157
Amount:    1.982639
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:11:27
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Instrument ID: D12C
Lims ID: IC L2                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.94
Area: 5081404
Amount:   99.953017
Amount Units: pg/ul
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Manual Integration Results
RT:  21.38
Area: 5112033
Amount:   99.731428
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:09:46
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Instrument ID: D12C
Lims ID: IC L2                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

37Cl4-2,3,7,8-TCDD, CAS: 85508-50-5
Signal: 1

Processing Integration Results
RT:  21.42
Area: 277508
Amount:    2.053279
Amount Units: pg/ul
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Manual Integration Results
RT:  21.42
Area: 274951
Amount:    2.038216
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 10:26:48
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Instrument ID: D12C
Lims ID: IC L2                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.94
Area: 5081404
Amount:   99.953017
Amount Units: pg/ul
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Manual Integration Results
RT:  21.38
Area: 5112033
Amount:   99.731428
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:09:46
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Lock Mass
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 6
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Instrument ID: D12C
Lims ID: IC L2                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  24.35
Area: 188828
Amount:    2.112705
Amount Units: pg/ul
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Manual Integration Results
RT:  24.35
Area: 188635
Amount:    2.102232
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:30:51
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Instrument ID: D12C
Lims ID: IC L2                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  24.35
Area: 246631
Amount:    2.112705
Amount Units: pg/ul
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Manual Integration Results
RT:  24.35
Area: 244014
Amount:    2.102232
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 10:27:14
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 03-May-2019 13:47:12 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl2_190503033522.d
Injection Date: 03-May-2019 03:35:00 Instrument ID: D12C
Lims ID: IC L2                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  24.33
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Manual Integration Results
RT:  24.31
Area: 8320826
Amount:    100.4440
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:11:16
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:27 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Lims ID: IC L3                    
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 03-May-2019 04:28:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-008
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:47:27 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 09:15:29

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 21:26    5218562 0.79   1.2213       9.913       9.913   0.0771   0.0771  99.13  a
  2,3,7,8-TCDF 24:22    7870303 0.80   1.1100        10.3        10.3   0.0196   0.0196    103  M
D 13C-2,3,7,8-TCDD 21:24   43104812 0.81   1.0031       100.8       100.8   0.0809   0.0809    101  a
D 13C-2,3,7,8-TCDF 24:19   68656093 0.80   1.6193        99.5        99.5   0.0815   0.0815  99.49  a
$ 37Cl4-2,3,7,8-TCDD 21:26    5083567   1.1834        10.1        10.1   0.0140   0.0140    101

* 13C-1,2,3,4-TCDD 21:58   42618673 0.82  1.6E+05       100.0       100.0

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
Reagents:
61L31613OP_00006 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:47:27 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Lims ID: IC L3                    
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 03-May-2019 04:28:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-008
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:47:27 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 09:15:29

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD a
319.8965 21:26 21:26    0  1.002    2307387     322209    344    860    937 a
321.8936 21:26 21:26    0  1.002    2911175     413665   1950   4875    212  0.79(0.65-0.89)

2,3,7,8-TCDF M
303.9016 24:22 24:22    0  1.002    3491150     427647    441   1102    970 M
305.8987 24:22 24:22    0  1.002    4379153     530029    278    695   1907  0.80(0.65-0.89) M

13C-2,3,7,8-TCDD a
331.9368 21:24 21:24    0  0.974   19300369    2703904    712   1780   3798 a
333.9338 21:24 21:24    0  0.974   23804443    3382711   1232   3080   2746  0.81(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 24:19 24:19    0  1.107   30559871    3643965   1725   4312   2112 a
317.9389 24:20 24:19    1  1.108   38096222    4628102   1434   3585   3227  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 21:26 21:26    0  0.975    5083567     715052    396    990   1806

13C-1,2,3,4-TCDD
331.9368 21:58 21:58    0   19140147    2673121    712   1780   3754
333.9338 21:58 21:58    0   23478526    3313512   1232   3080   2690  0.82(0.65-0.89)

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
Reagents:
61L31613OP_00006 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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TCDD Lock Mass
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Instrument ID: D12C
Lims ID: IC L3                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  21.42
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Manual Integration Results
RT:  21.42
Area: 2307387
Amount:    9.912733
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:13:12
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Instrument ID: D12C
Lims ID: IC L3                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.96
Area: 19117389
Amount:   99.903946
Amount Units: pg/ul
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Manual Integration Results
RT:  21.38
Area: 19300369
Amount:    100.8273
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:13:35
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Instrument ID: D12C
Lims ID: IC L3                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.96
Area: 19117389
Amount:   99.903946
Amount Units: pg/ul
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Manual Integration Results
RT:  21.38
Area: 19300369
Amount:    100.8273
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:13:35
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834

Page 1629 of 2476



Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 8
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Instrument ID: D12C
Lims ID: IC L3                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  21.37
Area: 29839
Amount:    0.131832
Amount Units: pg/ul
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Manual Integration Results
RT:  24.36
Area: 3491150
Amount:   10.327065
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 10:28:21
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Instrument ID: D12C
Lims ID: IC L3                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  21.35
Area: 40313
Amount:    0.131832
Amount Units: pg/ul
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Manual Integration Results
RT:  24.36
Area: 4379153
Amount:   10.327065
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 10:28:31
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 03-May-2019 13:47:28 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl3_190503042827.d
Injection Date: 03-May-2019 04:28:00 Instrument ID: D12C
Lims ID: IC L3                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
RT:  21.33
Area: 127985
Amount:    0.477610
Amount Units: pg/ul
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Manual Integration Results
RT:  24.31
Area: 30559871
Amount:   99.485742
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:13:23
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Lims ID: IC L4                    
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 03-May-2019 05:21:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-010
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:47:45 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 09:16:26

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 21:25    3292892 0.79   1.2213        38.2        38.2    2.231    2.231  95.53  a
  2,3,7,8-TCDF 24:21    5034300 0.80   1.1100        37.7        37.7   0.0998   0.0998  94.36  a
D 13C-2,3,7,8-TCDD 21:23    7055950 0.80   1.0031        96.9        96.9   0.3581   0.3581  96.94  a
D 13C-2,3,7,8-TCDF 24:19   12015584 0.81   1.6193       102.3       102.3   0.4251   0.4251    102  a
$ 37Cl4-2,3,7,8-TCDD 21:25    3145878   1.1834        36.6        36.6   0.1303   0.1303  91.59

* 13C-1,2,3,4-TCDD 21:56    7256041 0.83  1.6E+05       100.0       100.0

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
61L41613OP_00002 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Lims ID: IC L4                    
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 03-May-2019 05:21:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-010
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:47:45 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 09:16:26

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD a
319.8965 21:25 21:26   -1  1.002    1453237     218757   4336  10840     50 a
321.8936 21:25 21:26   -1  1.002    1839655     274559   6776  16940     41  0.79(0.65-0.89)

2,3,7,8-TCDF a
303.9016 24:21 24:22   -2  1.001    2241396     266422    383    957    696 a
305.8987 24:21 24:22   -2  1.001    2792904     332927    264    660   1261  0.80(0.65-0.89)

13C-2,3,7,8-TCDD a
331.9368 21:23 21:24   -1  0.975    3136410     449604    660   1650    681 a
333.9338 21:23 21:24   -1  0.975    3919540     569771    784   1960    727  0.80(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 24:19 24:19   -1  1.108    5391173     657229   1491   3727    441 a
317.9389 24:19 24:19   -1  1.108    6624411     802401   1276   3190    629  0.81(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 21:25 21:26   -1  0.976    3145878     467273    620   1550    754

13C-1,2,3,4-TCDD
331.9368 21:56 21:58   -2    3289165     453480    660   1650    687
333.9338 21:56 21:58   -2    3966876     551428    784   1960    703  0.83(0.65-0.89)

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
61L41613OP_00002 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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TCDD Lock Mass
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Instrument ID: D12C
Lims ID: IC L4                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  21.42
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Manual Integration Results
RT:  21.41
Area: 1453237
Amount:   38.211167
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:16:10
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Instrument ID: D12C
Lims ID: IC L4                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.93
Area: 3289165
Amount:   99.755387
Amount Units: pg/ul
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Manual Integration Results
RT:  21.38
Area: 3136410
Amount:   96.941133
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:15:45
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Instrument ID: D12C
Lims ID: IC L4                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.93
Area: 3289165
Amount:   99.755387
Amount Units: pg/ul
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Manual Integration Results
RT:  21.38
Area: 3136410
Amount:   96.941133
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:15:45
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 03-May-2019 13:47:46 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 10
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 03-May-2019 13:47:47 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Instrument ID: D12C
Lims ID: IC L4                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  21.36
Area: 20373
Amount:    0.427585
Amount Units: pg/ul
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Manual Integration Results
RT:  24.34
Area: 2241396
Amount:   37.744942
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:16:05
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:47:47 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl4_190503052133.d
Injection Date: 03-May-2019 05:21:00 Instrument ID: D12C
Lims ID: IC L4                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  24.31
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Manual Integration Results
RT:  24.30
Area: 5391173
Amount:    102.2650
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:15:52
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:48:20 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Lims ID: IC L5                    
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 03-May-2019 06:14:00 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-012
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:48:20 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 09:27:37

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 21:23   20341590 0.80   1.2213       179.9       179.9   0.6494   0.6494  89.97  Ma
  2,3,7,8-TCDF 24:19   30209841 0.80   1.1100       189.0       189.0   0.1471   0.1471  94.50  M
D 13C-2,3,7,8-TCDD 21:21    9255730 0.79   1.0031       102.8       102.8   0.4534   0.4534    103  a
D 13C-2,3,7,8-TCDF 24:17   14399916 0.81   1.6193        99.1        99.1   0.3494   0.3494  99.10  a
$ 37Cl4-2,3,7,8-TCDD 21:23   19413307   1.1834       182.8       182.8   0.0764   0.0764  91.40

* 13C-1,2,3,4-TCDD 21:56    8973810 0.80  1.6E+05       100.0       100.0

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
Reagents:
61L51613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:48:20 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Lims ID: IC L5                    
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 03-May-2019 06:14:00 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-012
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:48:20 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 09:27:37

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD Ma
319.8965 21:23 21:26   -2  1.002    9040060    1338859   1623   4057    825 a
321.8936 21:23 21:26   -2  1.002   11301530    1650420   2749   6872    600  0.80(0.65-0.89) M

2,3,7,8-TCDF M
303.9016 24:19 24:22   -3  1.001   13469845    1626000    527   1317   3085 M
305.8987 24:19 24:22   -3  1.001   16739996    2031658    603   1507   3369  0.80(0.65-0.89) M

13C-2,3,7,8-TCDD a
331.9368 21:21 21:24   -2  0.974    4096212     613489   1318   3295    465 a
333.9338 21:21 21:24   -2  0.974    5159518     764609    900   2250    850  0.79(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 24:17 24:19   -2  1.107    6432836     768984   1542   3855    499 a
317.9389 24:17 24:19   -2  1.107    7967080     960705   1217   3042    789  0.81(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 21:23 21:26   -2  0.975   19413307    2866095    441   1102   6499

13C-1,2,3,4-TCDD
331.9368 21:56 21:58   -2    4000736     548304   1318   3295    416
333.9338 21:56 21:58   -2    4973074     670770    900   2250    745  0.80(0.65-0.89)

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
Reagents:
61L51613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:48:20 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 12
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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Report Date: 03-May-2019 13:48:20 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 12
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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TCDD Lock Mass
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Instrument ID: D12C
Lims ID: IC L5                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  21.42
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Manual Integration Results
RT:  21.38
Area: 9040060
Amount:    179.9461
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:17:01
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Instrument ID: D12C
Lims ID: IC L5                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  21.42
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Manual Integration Results
RT:  21.38
Area: 11301530
Amount:    179.9461
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:34:40
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Instrument ID: D12C
Lims ID: IC L5                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.92
Area: 4000736
Amount:    100.3635
Amount Units: pg/ul

20.9 21.1 21.3 21.5 21.7 21.9 22.1 22.3
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

56

60

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

 2
1.

91
9

Manual Integration Results
RT:  21.35
Area: 4096212
Amount:    102.8220
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 09:16:39
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected

Page 1654 of 2476



Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 12
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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          21.35

13C-1,2,3,4-TCDD
          21.92

13.73 14.30
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 12
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

26

28

30

32

34

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD
          21.38

12.09 13.73 29.93

37Cl4-TCDD Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

90

96

Y

F1:m/z     313.9834
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Instrument ID: D12C
Lims ID: IC L5                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.92
Area: 4000736
Amount:    100.3635
Amount Units: pg/ul

20.9 21.1 21.3 21.5 21.7 21.9 22.1 22.3
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

56

60

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

 2
1.

91
9

Manual Integration Results
RT:  21.35
Area: 4096212
Amount:    102.8220
Amount Units: pg/ul

20.9 21.1 21.3 21.5 21.7 21.9 22.1 22.3
Min

RT

0

5

10

15

20

25

30

35

40

45

50

55

60

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

 2
1.

34
7

Reviewer: reynoldk, 03-May-2019 09:16:39
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 12
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016
2,3,7,8-TCDF
          24.31

29.10
21.3118.86

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987
2,3,7,8-TCDF
          24.31

29.10
21.31 24.59

TCDF Standards

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F1:m/z     315.9419
13C-2,3,7,8-TCDF
          24.27

29.0516.74

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389
13C-2,3,7,8-TCDF
          24.27

16.7912.16 21.26
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 12
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016

2,3,7,8-TCDF
          24.31

29.10
21.3118.86

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987

2,3,7,8-TCDF
          24.31

29.10
21.31 24.59

TCDF Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 12
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016

2,3,7,8-TCDF
          24.31

29.10
21.3118.86

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987

2,3,7,8-TCDF
          24.31

29.10
21.31 24.59

TCDF Interference Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
)

F1:m/z     375.8364 19.16

12.11
30.15

26.12
11.40
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Instrument ID: D12C
Lims ID: IC L5                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  21.31
Area: 111849
Amount:    1.991937
Amount Units: pg/ul

20.9 21.5 22.1 22.7 23.3 23.9 24.5
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
)

F1:m/z     303.9016

 2
1.

31
3

Manual Integration Results
RT:  24.31
Area: 13469845
Amount:    188.9962
Amount Units: pg/ul

20.9 21.5 22.1 22.7 23.3 23.9 24.5
Min

RT

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016
 2

4.
30

8

Reviewer: reynoldk, 03-May-2019 09:33:44
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Instrument ID: D12C
Lims ID: IC L5                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  21.31
Area: 147355
Amount:    1.991937
Amount Units: pg/ul

20.9 21.5 22.1 22.7 23.3 23.9 24.5
Min

0

3

6

9

12

15

18

21

24
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30

33

36
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42

Y
 ( 

X
10

00
)

F1:m/z     305.8987

 2
1.

31
3

Manual Integration Results
RT:  24.31
Area: 16739996
Amount:    188.9962
Amount Units: pg/ul

20.9 21.5 22.1 22.7 23.3 23.9 24.5
Min

RT

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987
 2

4.
30

8

Reviewer: reynoldk, 03-May-2019 09:34:10
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 03-May-2019 13:48:21 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d
Injection Date: 03-May-2019 06:14:00 Instrument ID: D12C
Lims ID: IC L5                    
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  24.31

23.8 24.0 24.2 24.4 24.6 24.8
Min
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X
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00
0)

F1:m/z     315.9419

Manual Integration Results
RT:  24.27
Area: 6432836
Amount:   99.097972
Amount Units: pg/ul

23.8 24.0 24.2 24.4 24.6 24.8
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RT
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18

24
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Y
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X
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00
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F1:m/z     315.9419

 2
4.

27
4

Reviewer: reynoldk, 03-May-2019 09:16:47
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Knoxville 140-17578-1

D2A

Analy Batch No.: 7768

825Calibration Start Date: Calibration End Date:05/16/2014  14:26

N

05/16/2014  18:31

0.32(mm)RTX-5 ID:

CURVE EVALUATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
1Level IC 140-7768/2 d3140516i1.d
2Level IC 140-7768/3 d3140516i2.d
3Level IC 140-7768/4 d3140516i3.d
4Level IC 140-7768/5 d3140516i4.d
5Level IC 140-7768/6 d3140516i5.d

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

2,3,7,8-TCDF 1.1620 1.0787 1.0761 1.0664 1.0575 AveID 3.9 20.01.0881
2,3,7,8-TCDD 1.1914 1.2413 1.1477 1.1335 1.1525 AveID 3.7 20.01.1733
1,2,3,7,8-PeCDF 1.2525 1.1873 1.1447 1.1539 1.2106 AveID 3.7 20.01.1898
2,3,4,7,8-PeCDF 1.1621 1.1000 1.0763 1.0701 1.1388 AveID 3.6 20.01.1095
1,2,3,7,8-PeCDD 1.1072 1.0520 1.0113 1.0030 1.0435 AveID 4.0 20.01.0434
1,2,3,4,7,8-HxCDF 1.4252 1.3521 1.3239 1.3123 1.4010 AveID 3.6 20.01.3629
1,2,3,6,7,8-HxCDF 1.4070 1.2610 1.2346 1.2159 1.2627 AveID 5.9 20.01.2762
2,3,4,6,7,8-HxCDF 1.3654 1.2309 1.2243 1.2236 1.2827 AveID 4.8 20.01.2654
1,2,3,4,7,8-HxCDD 1.2224 1.1235 1.1211 1.1013 1.1360 AveID 4.1 20.01.1409
1,2,3,6,7,8-HxCDD 1.1974 1.1789 1.1380 1.0905 1.1358 AveID 3.6 20.01.1481
1,2,3,7,8,9-HxCDD 1.2071 1.2833 1.1953 1.1788 1.2414 AveID 3.4 35.01.2212
1,2,3,7,8,9-HxCDF 1.2857 1.2741 1.2331 1.2330 1.2608 AveID 1.9 20.01.2573
1,2,3,4,6,7,8-HpCDF 1.6046 1.5139 1.4534 1.4467 1.4732 AveID 4.3 20.01.4984
1,2,3,4,6,7,8-HpCDD 1.1769 1.1205 1.1094 1.0801 1.1151 AveID 3.1 20.01.1204
1,2,3,4,7,8,9-HpCDF 1.4220 1.4030 1.3414 1.3478 1.3894 AveID 2.5 20.01.3807
OCDD 1.2833 1.1839 1.1963 1.1493 1.2234 AveID 4.2 20.01.2073
OCDF 1.1506 1.1271 1.0957 1.0561 1.1513 AveID 3.6 35.01.1162
13C-2,3,7,8-TCDF 1.7281 1.7612 1.7382 1.7730 1.7721 Ave 1.2 35.01.7545
13C-2,3,7,8-TCDD 1.0524 1.0711 1.0580 1.0797 1.0934 Ave 1.5 35.01.0709
13C-1,2,3,7,8-PeCDF 1.3121 1.2910 1.3370 1.4108 1.5012 Ave 6.3 35.01.3704
13C-2,3,4,7,8-PeCDF 1.3287 1.3226 1.3322 1.4302 1.5050 Ave 5.9 35.01.3837
13C-1,2,3,7,8-PeCDD 0.8255 0.8165 0.8307 0.9110 0.9879 Ave 8.5 35.00.8743
13C-1,2,3,4,7,8-HxCDF 1.1989 1.1941 1.2026 1.2023 1.1481 Ave 2.0 35.01.1892
13C-1,2,3,6,7,8-HxCDF 1.4353 1.4571 1.4933 1.4944 1.4322 Ave 2.1 35.01.4625
13C-2,3,4,6,7,8-HxCDF 1.3243 1.3372 1.3420 1.3289 1.2660 Ave 2.3 35.01.3197
13C-1,2,3,4,7,8-HxCDD 0.8799 0.8733 0.8778 0.8876 0.8675 Ave 0.9 35.00.8772
13C-1,2,3,6,7,8-HxCDD 0.9056 0.9046 0.9264 0.9561 0.8927 Ave 2.7 35.00.9171
13C-1,2,3,7,8,9-HxCDF 1.1673 1.2100 1.2020 1.2237 1.1977 Ave 1.7 35.01.2001
13C-1,2,3,4,6,7,8-HpCDF 1.0428 1.0485 1.0503 1.0601 1.0464 Ave 0.6 35.01.0496
13C-1,2,3,4,6,7,8-HpCDD 0.8259 0.8151 0.8034 0.8291 0.8039 Ave 1.5 35.00.8155
13C-1,2,3,4,7,8,9-HpCDF 0.8929 0.8842 0.8895 0.9041 0.9030 Ave 1.0 35.00.8947
13C-OCDD 0.6790 0.6985 0.6669 0.7374 0.7401 Ave 4.7 35.00.7044

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Knoxville 140-17578-1

D2A

Analy Batch No.: 7768

825Calibration Start Date: Calibration End Date:05/16/2014  14:26

N

05/16/2014  18:31

0.32(mm)RTX-5 ID:

CURVE EVALUATION

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

13C-OCDF 1.0271 1.0311 1.0122 1.1195 1.1174 Ave 4.9 35.01.0615
37Cl4-2,3,7,8-TCDD 1.2785 1.2086 1.1875 1.2224 1.2357 Ave 2.81.2266

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Knoxville 140-17578-1

D2A

Analy Batch No.: 7768

825Calibration Start Date: Calibration End Date:05/16/2014  14:26

N

05/16/2014  18:31

GC Column: RTX-5 ID: 0.32(mm)

RESPONSE AND CONCENTRATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
Level 1 IC 140-7768/2 d3140516i1.d
Level 2 IC 140-7768/3 d3140516i2.d
Level 3 IC 140-7768/4 d3140516i3.d
Level 4 IC 140-7768/5 d3140516i4.d
Level 5 IC 140-7768/6 d3140516i5.d

ANALYTE CURVE
TYPE

IS
REF

RESPONSE

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CONCENTRATION (PG/UL)

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

2,3,7,8-TCDF AveID 94226 328832 1699244 6586510 35566472 0.500 2.00 10.0 40.0 200
2,3,7,8-TCDD AveID 58834 230135 1103093 4263534 23916178 0.500 2.00 10.0 40.0 200
1,2,3,7,8-PeCDF AveID 385579 1326472 6951995 28353659 172459555 2.50 10.0 50.0 200 1000
2,3,4,7,8-PeCDF AveID 362268 1259085 6512875 26657615 162647050 2.50 10.0 50.0 200 1000
1,2,3,7,8-PeCDD AveID 214444 743339 3815716 15915139 97828013 2.50 10.0 50.0 200 1000
1,2,3,4,7,8-HxCDF AveID 433645 1500520 7655800 31660907 205245281 2.50 10.0 50.0 200 1000
1,2,3,6,7,8-HxCDF AveID 512529 1707727 8864531 36461883 230766405 2.50 10.0 50.0 200 1000
2,3,4,6,7,8-HxCDF AveID 458923 1529879 7899628 32628769 207212834 2.50 10.0 50.0 200 1000
1,2,3,4,7,8-HxCDD AveID 272992 911864 4731492 19615008 125745795 2.50 10.0 50.0 200 1000
1,2,3,6,7,8-HxCDD AveID 275227 991123 5069185 20922527 129376084 2.50 10.0 50.0 200 1000
1,2,3,7,8,9-HxCDD AveID 273517 1060210 5184383 21806109 139413717 2.50 10.0 50.0 200 1000
1,2,3,7,8,9-HxCDF AveID 380908 1432850 7126497 30276117 192682603 2.50 10.0 50.0 200 1000
1,2,3,4,6,7,8-HpCDF AveID 424692 1475215 7340131 30775593 196710947 2.50 10.0 50.0 200 1000
1,2,3,4,6,7,8-HpCDD AveID 246709 848864 4285504 17971175 114386892 2.50 10.0 50.0 200 1000
1,2,3,4,7,8,9-HpCDF AveID 322253 1153014 5736971 24451442 160075574 2.50 10.0 50.0 200 1000
OCDD AveID 442341 1537141 7672456 34014604 231071676 5.00 20.0 100 400 2000
OCDF AveID 599861 2160278 10665891 47454024 328275681 5.00 20.0 100 400 2000
13C-2,3,7,8-TCDF Ave13CTCDD 16217882 15241754 15790178 15441140 16816585 100 100 100 100 100
13C-2,3,7,8-TCDD Ave13CTCDD 9876576 9269717 9611208 9403373 10375862 100 100 100 100 100
13C-1,2,3,7,8-PeCDF Ave13CTCDD 12314088 11172583 12146075 12286310 14246063 100 100 100 100 100
13C-2,3,4,7,8-PeCDF Ave13CTCDD 12469187 11446462 12102314 12455454 14282105 100 100 100 100 100
13C-1,2,3,7,8-PeCDD Ave13CTCDD 7747378 7066036 7546076 7933559 9374768 100 100 100 100 100
13C-1,2,3,4,7,8-HxCDF Ave13CHxCD 12171006 11097986 11565241 12063156 14649659 100 100 100 100 100
13C-1,2,3,6,7,8-HxCDF Ave13CHxCD 14571209 13542561 14360417 14993755 18275058 100 100 100 100 100
13C-2,3,4,6,7,8-HxCDF Ave13CHxCD 13444179 12428502 12905207 13333182 16154097 100 100 100 100 100
13C-1,2,3,4,7,8-HxCDD Ave13CHxCD 8933187 8116369 8441043 8905352 11068991 100 100 100 100 100
13C-1,2,3,6,7,8-HxCDD Ave13CHxCD 9193835 8407393 8908892 9593131 11391028 100 100 100 100 100
13C-1,2,3,7,8,9-HxCDF Ave13CHxCD 11850370 11246135 11559055 12277599 15282343 100 100 100 100 100
13C-1,2,3,4,6,7,8-HpCDF Ave13CHxCD 10586908 9744462 10100696 10636138 13352459 100 100 100 100 100
13C-1,2,3,4,6,7,8-HpCDD Ave13CHxCD 8384746 7575508 7725803 8319073 10257853 100 100 100 100 100
13C-1,2,3,4,7,8,9-HpCDF Ave13CHxCD 9064964 8217931 8553669 9071146 11521506 100 100 100 100 100
13C-OCDD Ave13CHxCD 13787078 12983405 12827376 14797795 18887158 200 200 200 200 200
13C-OCDF Ave13CHxCD 20853570 19166588 19467909 22466050 28514559 200 200 200 200 200
37Cl4-2,3,7,8-TCDD Ave13CTCDD 59993 209201 1078771 4258282 23452691 0.500 2.00 10.0 40.0 200
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Knoxville 140-17578-1

D2A

Analy Batch No.: 7768

825Calibration Start Date: Calibration End Date:05/16/2014  14:26

N

05/16/2014  18:31

GC Column: RTX-5 ID: 0.32(mm)

RESPONSE AND CONCENTRATION

Curve Type Legend:
Ave = Average ISTD
AveID = Average isotope dilution
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10

TestAmerica Knoxville
Target Compound Quantitation Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Lims ID: IC L1                    
Client ID:
Sample Type: IC Calib Level: 1
Inject. Date: 16-May-2014 14:26:00 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:74cs1 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Jan-2017 08:09:11 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK029

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:11:15

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 31.872      58834 0.71   1.1733      0.5077      0.5077 0.008979 0.008979    102  M
A Non-2,3,7,8-sub-TCDD 30.308       1807 0.77   0.0000  RQ
S Total TCDD      0.5077      0.5077 0.008979 0.008979  RQ

  2,3,7,8-TCDF 29.761      94226 0.75   1.0881      0.5339      0.5339 0.007514 0.007514    107  M
A Non-2,3,7,8-sub-TCDF 28.995       5764 0.77   0.0000  RQ
S Total TCDF      0.5339      0.5339 0.007514 0.007514  RQ

  1,2,3,7,8-PeCDD 41.018     214444 1.73   1.0434       2.653       2.653   0.0167   0.0167    106  M
A Non-2,3,7,8-sub-PeCDD 39.915       9515 1.55   0.0000  RQ
S Total PeCDD       2.653       2.653   0.0167   0.0167  RQ

  1,2,3,7,8-PeCDF 39.296     385579 1.56   1.1898       2.632       2.632   0.0410   0.0410    105
  2,3,4,7,8-PeCDF 40.502     362268 1.54   1.1095       2.619       2.619   0.0392   0.0392    105
A Non-2,3,7,8-sub-PeCDF 38.623      0.0      0.0
S Total PeCDF       5.250       5.250   0.0401   0.0401

  1,2,3,4,7,8-HxCDD 45.253     272992 1.21   1.1409       2.679       2.679   0.0596   0.0596    107
  1,2,3,6,7,8-HxCDD 45.371     275227 1.26   1.1481       2.607       2.607   0.0639   0.0639    104
  1,2,3,7,8,9-HxCDD 45.759     273517 1.28   1.2212       2.471       2.471   0.0578   0.0578  98.85  M
A Non-2,3,7,8-sub-HxCDD 44.687      0.0      0.0
S Total HxCDD       7.757       7.757   0.0604   0.0604

  1,2,3,4,7,8-HxCDF 44.190     433645 1.27   1.3629       2.614       2.614   0.0448   0.0448    105
  1,2,3,6,7,8-HxCDF 44.325     512529 1.17   1.2762       2.756       2.756   0.0425   0.0425    110
  2,3,4,6,7,8-HxCDF 45.067     458923 1.25   1.2654       2.698       2.698   0.0454   0.0454    108
  1,2,3,7,8,9-HxCDF 46.029     380908 1.28   1.2573       2.556       2.556   0.0581   0.0581    102  M
A Non-2,3,7,8-sub-HxCDF 44.552      0.0      0.0
S Total HxCDF        10.6        10.6   0.0477   0.0477

  1,2,3,4,6,7,8-HpCDD 50.184     246709 1.04   1.1204       2.626       2.626   0.0231   0.0231    105
A Non-2,3,7,8-sub-HpCDD 49.566      11997 1.03   0.0000
S Total HpCDD       2.626       2.626   0.0231   0.0231

  1,2,3,4,6,7,8-HpCDF 48.464     424692 1.05   1.4984       2.677       2.677   0.0197   0.0197    107
  1,2,3,4,7,8,9-HpCDF 50.808     322253 1.06   1.3807       2.575       2.575   0.0270   0.0270    103
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

A Non-2,3,7,8-sub-HpCDF 49.625      0.0      0.0
S Total HpCDF       5.252       5.252   0.0233   0.0233

  OCDD 54.297     442341 0.82   1.2073       5.315       5.315   0.0289   0.0289    106  M
  OCDF 54.435     599861 0.89   1.1162       5.154       5.154   0.0184   0.0184    103
D 13C-2,3,7,8-TCDD 31.806    9876576 0.82   1.0709        98.3        98.3   0.2664   0.2664  98.27
D 13C-2,3,7,8-TCDF 29.728   16217882 0.80   1.7545        98.5        98.5   0.1062   0.1062  98.50
D 13C-1,2,3,7,8-PeCDD 41.001    7747378 1.61   0.8743        94.4        94.4   0.2068   0.2068  94.42
D 13C-1,2,3,7,8-PeCDF 39.279   12314088 1.61   1.3704        95.7        95.7   0.1532   0.1532  95.75
D 13C-2,3,4,7,8-PeCDF 40.484   12469187 1.55   1.3837        96.0        96.0   0.1518   0.1518  96.02
D 13C-1,2,3,4,7,8-HxCDD 45.219    8933187 1.28   0.8772       100.3       100.3   0.2134   0.2134    100
D 13C-1,2,3,6,7,8-HxCDD 45.354    9193835 1.27   0.9171        98.7        98.7   0.2042   0.2042  98.75
D 13C-1,2,3,4,7,8-HxCDF 44.173   12171006 0.54   1.1892       100.8       100.8   0.2095   0.2095    101
D 13C-1,2,3,6,7,8-HxCDF 44.308   14571209 0.53   1.4625        98.1        98.1   0.1704   0.1704  98.14
D 13C-2,3,4,6,7,8-HxCDF 45.050   13444179 0.53   1.3197       100.3       100.3   0.1888   0.1888    100
D 13C-1,2,3,7,8,9-HxCDF 46.012   11850370 0.52   1.2001        97.3        97.3   0.2076   0.2076  97.26
D 13C-1,2,3,4,6,7,8-HpCDD 50.167    8384746 1.04   0.8155       101.3       101.3   0.2339   0.2339    101
D 13C-1,2,3,4,6,7,8-HpCDF 48.447   10586908 0.46   1.0496        99.4        99.4   0.1656   0.1656  99.35
D 13C-1,2,3,4,7,8,9-HpCDF 50.791    9064964 0.45   0.8947        99.8        99.8   0.1943   0.1943  99.80
D 13C-OCDD 54.280   13787078 0.91   0.7044       192.8       192.8   0.1251   0.1251  96.40
D 13C-OCDF 54.418   20853570 0.91   1.0615       193.5       193.5   0.1275   0.1275  96.76
$ 37Cl4-2,3,7,8-TCDD 31.872      59993   1.2266      0.5212      0.5212 0.006980 0.006980    104

* 13C-1,2,3,4-TCDD 31.274    9384699 0.81  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45.742   10152105 1.26    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
Reagents:
61L11613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10

TestAmerica Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Lims ID: IC L1                    
Client ID:
Sample Type: IC Calib Level: 1
Inject. Date: 16-May-2014 14:26:00 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:74cs1 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Jan-2017 08:09:11 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK029

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:11:15

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD M
319.8965 31.872 31.871    0  1.002      24519       2882     21     52    137 M
321.8936 31.855 31.871   -1  1.002      34315       3876     22     55    176  0.71(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQ

319.8965 29.711 30.308  -36       2771        391     21     52     19
321.8936 29.728 30.308  -35        556        220     22     55     10  4.98(0.65-0.89)

319.8965 33.883 30.308  214        504        146     21     52      7
321.8936 33.783 30.308  208        465        154     22     55      7  1.08(0.65-0.89)

2,3,7,8-TCDF M
303.9016 29.761 29.793   -2  1.001      40361       4525     30     75    151
305.8987 29.761 29.793   -2  1.001      53865       5573     29     72    192  0.75(0.65-0.89) M

A Non-2,3,7,8-sub-TCDF RQ

303.9016 23.163 28.995 -349       1692        366     30     75     12
305.8987 23.197 28.995 -347       1794        405     29     72     14  0.94(0.65-0.89)

303.9016 34.797 28.995  347       1857        215     30     75      7
305.8987 34.814 28.995  348       1463        313     29     72     11  1.27(0.65-0.89)

1,2,3,7,8-PeCDD M
355.8546 41.018 41.031   -1  1.000     135749      31927     97    242    329 M
357.8516 41.018 41.031   -1  1.000      78695      19726     31     77    636  1.73(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 38.194 39.915 -103       1765        451     97    242      5
357.8516 38.194 39.915 -103       2696        674     31     77     22  0.65(1.32-1.78)

355.8546 41.672 39.915  105       4067        957     97    242     10
357.8516 41.655 39.915  104       2545        554     31     77     18  1.60(1.32-1.78)
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDF
339.8597 39.296 39.309   -1  1.000     235054      48686    354    885    138
341.8567 39.296 39.309   -1  1.000     150525      31066    142    355    219  1.56(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 40.502 40.497    0  1.000     219584      51785    354    885    146
341.8567 40.502 40.497    0  1.000     142684      34471    142    355    243  1.54(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF
339.8597 38.623     354     885
341.8567 38.623     142     355

1,2,3,4,7,8-HxCDD
389.8158 45.253 45.249    0  1.001     149638      37533    423   1057     89
391.8127 45.236 45.249   -1  1.000     123354      32012    181    452    177  1.21(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 45.371 45.367    0  1.000     153521      34384    423   1057     81
391.8127 45.371 45.367    0  1.000     121706      27207    181    452    150  1.26(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8158 45.759 45.755    0  1.012     153733      36630    423   1057     87 M
391.8127 45.759 45.755    0  1.012     119784      29431    181    452    163  1.28(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD
389.8158 44.687     423    1057
391.8127 44.687     181     452

1,2,3,4,7,8-HxCDF
373.8208 44.190 44.203   -1  1.000     242335      65094    413   1032    158
375.8178 44.190 44.203   -1  1.000     191310      51020    354    885    144  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 44.325 44.338   -1  1.000     276616      66473    413   1032    161
375.8178 44.325 44.338   -1  1.000     235913      54461    354    885    154  1.17(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 45.067 45.064    0  1.000     255321      65716    413   1032    159
375.8178 45.067 45.064    0  1.000     203602      50722    354    885    143  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDF M
373.8208 46.029 46.042   -1  1.000     214140      50304    413   1032    122 M
375.8178 46.029 46.042   -1  1.000     166768      39105    354    885    110  1.28(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDF
373.8208 44.552     413    1032
375.8178 44.552     354     885

1,2,3,4,6,7,8-HpCDD
423.7767 50.184 50.180    0  1.000     125747      23404     83    207    282
425.7737 50.167 50.180   -1  1.000     120962      22652     77    192    294  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 48.970 49.566  -36       6090       1428     83    207     17
425.7737 48.970 49.566  -36       5907       1470     77    192     19  1.03(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 48.464 48.476   -1  1.000     217042      43963    163    407    270
409.7788 48.464 48.476   -1  1.000     207650      43189     99    247    436  1.05(0.88-1.20)
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8,9-HpCDF
407.7817 50.808 50.821   -1  1.000     165938      32114    163    407    197
409.7788 50.808 50.821   -1  1.000     156315      30199     99    247    305  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 49.625     163     407
409.7788 49.625      99     247

OCDD M
457.7377 54.297 54.308   -1  1.000     199351      51267    126    315    407 M
459.7348 54.297 54.308   -1  1.000     242990      61264     95    237    645  0.82(0.76-1.02) M

OCDF
441.7428 54.435 54.429    0  1.000     283026      67060    102    255    657
443.7399 54.435 54.429    0  1.000     316835      71889    100    250    719  0.89(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 31.806 31.804    0  1.017    4437123     467967    669   1672    700
333.9338 31.806 31.804    0  1.017    5439453     547707    464   1160   1180  0.82(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 29.728 29.743   -1  0.951    7185850     815684    396    990   2060
317.9389 29.728 29.743   -1  0.951    9032032     982215    344    860   2855  0.80(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 41.001 40.997    0  1.311    4779816    1137566    490   1225   2322
369.8919 41.001 40.997    0  1.311    2967562     702235    228    570   3080  1.61(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 39.279 39.275    0  1.256    7591474    1554308    508   1270   3060
353.8970 39.279 39.275    0  1.256    4722614     987940    326    815   3030  1.61(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40.484 40.480    0  1.295    7579346    1742048    508   1270   3429
353.8970 40.484 40.480    0  1.295    4889841    1111024    326    815   3408  1.55(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 45.219 45.232   -1  0.989    5015628    1237419   1042   2605   1188
403.8529 45.219 45.232   -1  0.989    3917559     984923    688   1720   1432  1.28(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 45.354 45.350    0  0.992    5145363    1157530   1042   2605   1111
403.8529 45.354 45.350    0  0.992    4048472     899419    688   1720   1307  1.27(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 44.173 44.187   -1  0.966    4246020    1077139    873   2182   1234
385.8610 44.173 44.187   -1  0.966    7924986    2065178   1429   3572   1445  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 44.308 44.322   -1  0.969    5039793    1226005    873   2182   1404
385.8610 44.308 44.322   -1  0.969    9531416    2307784   1429   3572   1615  0.53(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 45.050 45.047    0  0.985    4651413    1154874    873   2182   1323
385.8610 45.050 45.047    0  0.985    8792766    2185623   1429   3572   1529  0.53(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 46.012 46.025   -1  1.006    4046541     920385    873   2182   1054
385.8610 46.012 46.025   -1  1.006    7803829    1705753   1429   3572   1194  0.52(0.43-0.59)
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDD
435.8169 50.167 50.163    0  1.097    4279476     793115    734   1835   1081
437.8140 50.150 50.163   -1  1.096    4105270     754273   1029   2572    733  1.04(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 48.447 48.443    0  1.059    3349222     701857    545   1362   1288
419.8220 48.447 48.443    0  1.059    7237686    1522777   1061   2652   1435  0.46(0.51-0.37)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50.791 50.804   -1  1.110    2793241     540408    545   1362    992
419.8220 50.791 50.804   -1  1.110    6271723    1218464   1061   2652   1148  0.45(0.37-0.51)

13C-OCDD
469.7780 54.280 54.291   -1  1.187    6563250    1489277    461   1152   3231
471.7750 54.280 54.291   -1  1.187    7223828    1670709    353    882   4733  0.91(0.76-1.02)

13C-OCDF
453.7830 54.418 54.429   -1  1.190    9942521    2332902    412   1030   5662
455.7801 54.418 54.429   -1  1.190   10911049    2581911    839   2097   3077  0.91(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 31.872 31.871    0  1.019      59993       6803     34     85    200

13C-1,2,3,4-TCDD
331.9368 31.274 31.289   -1    4187037     433867    669   1672    649
333.9338 31.290 31.289    0    5197662     558966    464   1160   1205  0.81(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45.742 45.738    0    5654695    1276930   1042   2605   1225
403.8529 45.742 45.738    0    4497410    1033032    688   1720   1502  1.26(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
Review Flags
  M - Manually Integrated
Reagents:
61L11613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Lims ID: IC L1
Client ID:
Inject. Date: 16-May-2014 14:26:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 1
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 2
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDD, RT: 30.308

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

29.711              2771               391               556               220 4.98 R
33.883               504               146               465               154 1.08 Rn
Signal Totals:

             3275               537              1021               374
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             4296               911 3.21 RQ
             1807               661 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (4296 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (1807 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Lims ID: IC L1
Client ID:
Inject. Date: 16-May-2014 14:26:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 1
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 2
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDF, RT: 28.995

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23.163              1692               366              1794               405 0.94 R
34.797              1857               215              1463               313 1.27 Rn
Signal Totals:

             3549               581              3257               718
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             6806              1299 1.09 RQ
             5764              1270 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (6806 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (5764 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Lims ID: IC L1
Client ID:
Inject. Date: 16-May-2014 14:26:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 1
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 2
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-PeCDD, RT: 39.915

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

38.194              1765               451              2696               674 0.65 Rn
41.672              4067               957              2545               554 1.60 n
Signal Totals:

             5832              1408              5241              1228
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            11073              2636 1.11 RQ
             9515              2252 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (11073 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (9515 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Lims ID: IC L1
Client ID:
Inject. Date: 16-May-2014 14:26:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 1
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 2
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HxCDF, RT: 44.552

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

Signal Totals:
                0                 0                 0                 0
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Lims ID: IC L1
Client ID:
Inject. Date: 16-May-2014 14:26:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 1
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 2
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HpCDD, RT: 49.566

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48.970              6090              1428              5907              1470 1.03
Signal Totals:

             6090              1428              5907              1470
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            11997              2898 1.03

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (11997 * 0.0) / (0 * 0.000)
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Report Date: 12-Jan-2017 08:09:12 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
TCDD
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20.01

TCDD Standards
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13C-2,3,7,8-TCDD 31.81
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
TCDD
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TCDD Lock Mass
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Manual Integration/User Assign Peak Report

TestAmerica Knoxville
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Instrument ID: D2A
Lims ID: IC L1                    
Client ID:
Operator ID: DavidsonM ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  31.87
Area: 20351
Amount:    0.478631
Amount Units: pg/ul
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Manual Integration Results
RT:  31.87
Area: 24519
Amount:    0.507713
Amount Units: pg/ul
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Reviewer: davidsonm, 11-Jan-2017 16:11:15
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Standards
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

0)

F1:m/z     303.9016

2,3,7,8-TCDF 29.76

Non-2,3,7,8-sub-TCDF 23.1617.0612.46 Non-2,3,7,8-sub-TCDF 34.8027.77
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TCDF Standards
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
TCDF
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2,3,7,8-TCDF 29.76

Non-2,3,7,8-sub-TCDF 23.1617.0612.46 Non-2,3,7,8-sub-TCDF 34.8027.77
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TCDF Lock Mass
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

0)

F1:m/z     303.9016

2,3,7,8-TCDF 29.76

Non-2,3,7,8-sub-TCDF 23.1617.0612.46 Non-2,3,7,8-sub-TCDF 34.8027.77

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

0)

F1:m/z     305.8987

2,3,7,8-TCDF 29.76

Non-2,3,7,8-sub-TCDF 23.20 Non-2,3,7,8-sub-TCDF 34.8128.13
19.52

13.36
17.2613.51

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

1

6
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Y
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X
10

)

F1:m/z     375.8364

23.15

34.90
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Manual Integration/User Assign Peak Report

TestAmerica Knoxville
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Instrument ID: D2A
Lims ID: IC L1                    
Client ID:
Operator ID: DavidsonM ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  29.76
Area: 51483
Amount:    0.523263
Amount Units: pg/ul

28.8 29.0 29.2 29.4 29.6 29.8 30.0 30.2 30.4 30.6
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Y
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X
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F1:m/z     305.8987

 2
9.

76
1

Manual Integration Results
RT:  29.76
Area: 53865
Amount:    0.533936
Amount Units: pg/ul

28.8 29.0 29.2 29.4 29.6 29.8 30.0 30.2 30.4 30.6
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0
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8
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20
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28
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F1:m/z     305.8987

 2
9.

76
1

Reviewer: davidsonm, 11-Jan-2017 16:11:15
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
PeCDD

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
)

F2:m/z     355.8546

1,2,3,7,8-PeCDD 41.02

41.12 Non-2,3,7,8-sub-PeCDD 41.67
Non-2,3,7,8-sub-PeCDD 38.19 40.47

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F2:m/z     357.8516

1,2,3,7,8-PeCDD 41.02

Non-2,3,7,8-sub-PeCDD 38.19
Non-2,3,7,8-sub-PeCDD 41.66

PeCDD Standards

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2
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8
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Y
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X
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00
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)

F2:m/z     367.8949

13C-1,2,3,7,8-PeCDD 41.00

41.28

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0
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33

44
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Y
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X
10

00
0)

F2:m/z     369.8919

13C-1,2,3,7,8-PeCDD 41.00

41.19
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
PeCDD

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
)

F2:m/z     355.8546

1,2,3,7,8-PeCDD 41.02

41.12 Non-2,3,7,8-sub-PeCDD 41.67Non-2,3,7,8-sub-PeCDD 38.19 40.47

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F2:m/z     357.8516

1,2,3,7,8-PeCDD 41.02

Non-2,3,7,8-sub-PeCDD 38.19
Non-2,3,7,8-sub-PeCDD 41.66

PeCDD Lock Mass

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F2:m/z     313.9834
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Manual Integration/User Assign Peak Report

TestAmerica Knoxville
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Instrument ID: D2A
Lims ID: IC L1                    
Client ID:
Operator ID: DavidsonM ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

1,2,3,7,8-PeCDD, CAS: 40321-76-4
Signal: 1

Processing Integration Results
RT:  41.02
Area: 140642
Amount:    2.700260
Amount Units: pg/ul
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Manual Integration Results
RT:  41.02
Area: 135749
Amount:    2.652806
Amount Units: pg/ul
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Reviewer: davidsonm, 11-Jan-2017 16:11:15
Audit Action: Split an Integrated Peak Audit Reason: Shouldering
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
PeCDF

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F2:m/z     339.8597

2,3,4,7,8-PeCDF 40.50

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
)

F2:m/z     341.8567

2,3,4,7,8-PeCDF 40.50

41.7835.49

PeCDF Standards

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min
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X
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)

F2:m/z     351.9000

13C-2,3,4,7,8-PeCDF 40.48

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
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Y
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X
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)

F2:m/z     353.8970

13C-2,3,4,7,8-PeCDF 40.48
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
PeCDF

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
)

F2:m/z     339.8597

2,3,4,7,8-PeCDF 40.50

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
)

F2:m/z     341.8567

2,3,4,7,8-PeCDF 40.50

41.7835.49

PeCDF Lock Mass

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F2:m/z     313.9834
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
PeCDF

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
)

F2:m/z     339.8597

2,3,4,7,8-PeCDF 40.50

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0
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20

24

28

32
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40

Y
 ( 

X
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00
)

F2:m/z     341.8567

2,3,4,7,8-PeCDF 40.50

41.7835.49

PeCDF Interference Mass

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min
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F2:m/z     409.7974

37.37
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
HxCDD

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
)

F3:m/z     389.8158

1,2,3,4,7,8-HxCDD 45.25
1,2,3,7,8,9-HxCDD 45.76

46.01

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

5

10

15

20
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35

Y
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X
10

00
)

F3:m/z     391.8127

1,2,3,4,7,8-HxCDD 45.24

1,2,3,7,8,9-HxCDD 45.76

45.88

HxCDD Standards

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0
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6
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12
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Y
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X
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00
00

)

F3:m/z     401.8559

13C-1,2,3,7,8,9-HxCDD 45.74

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min
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X
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)

F3:m/z     403.8529

13C-1,2,3,7,8,9-HxCDD 45.74
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
HxCDD

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
)

F3:m/z     389.8158

1,2,3,4,7,8-HxCDD 45.25
1,2,3,7,8,9-HxCDD 45.76

46.01

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
)

F3:m/z     391.8127

1,2,3,4,7,8-HxCDD 45.24

1,2,3,7,8,9-HxCDD 45.76

45.88

HxCDD Lock Mass

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Manual Integration/User Assign Peak Report

TestAmerica Knoxville
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Instrument ID: D2A
Lims ID: IC L1                    
Client ID:
Operator ID: DavidsonM ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  45.76
Area: 161258
Amount:    2.563620
Amount Units: pg/ul

44.9 45.1 45.3 45.5 45.7 45.9 46.1 46.3 46.5 46.7
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Manual Integration Results
RT:  45.76
Area: 153733
Amount:    2.471216
Amount Units: pg/ul
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Reviewer: davidsonm, 11-Jan-2017 16:11:15
Audit Action: Split an Integrated Peak Audit Reason: Shouldering

Page 1712 of 2476



Report Date: 12-Jan-2017 08:09:13 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Manual Integration/User Assign Peak Report

TestAmerica Knoxville
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Instrument ID: D2A
Lims ID: IC L1                    
Client ID:
Operator ID: DavidsonM ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  45.76
Area: 125125
Amount:    2.563620
Amount Units: pg/ul

45.0 45.2 45.4 45.6 45.8 46.0 46.2 46.4 46.6
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Manual Integration Results
RT:  45.76
Area: 119784
Amount:    2.471216
Amount Units: pg/ul
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Reviewer: davidsonm, 11-Jan-2017 16:11:15
Audit Action: Split an Integrated Peak Audit Reason: Shouldering
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
HxCDF

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min
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20

30

40

50
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Y
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X
10

00
)

F3:m/z     373.8208

1,2,3,6,7,8-HxCDF 44.33

1,2,3,7,8,9-HxCDF 46.03

Non-2,3,7,8-sub-HxCDF 46.15

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

9

18
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36
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54

63

Y
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)

F3:m/z     375.8178

1,2,3,6,7,8-HxCDF 44.33

1,2,3,7,8,9-HxCDF 46.03

Non-2,3,7,8-sub-HxCDF 46.13

HxCDF Standards

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min
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F3:m/z     383.8639

13C-1,2,3,6,7,8-HxCDF 44.31
13C-2,3,4,6,7,8-HxCDF 45.05

13C-1,2,3,4,7,8-HxCDF 44.17
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F3:m/z     385.8610

13C-1,2,3,6,7,8-HxCDF 44.31
13C-2,3,4,6,7,8-HxCDF 45.0513C-1,2,3,4,7,8-HxCDF 44.17
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
HxCDF

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
)

F3:m/z     373.8208

1,2,3,6,7,8-HxCDF 44.33

1,2,3,7,8,9-HxCDF 46.03

Non-2,3,7,8-sub-HxCDF 46.15

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
)

F3:m/z     375.8178

1,2,3,6,7,8-HxCDF 44.33

1,2,3,4,7,8-HxCDF 44.19

1,2,3,7,8,9-HxCDF 46.03

Non-2,3,7,8-sub-HxCDF 46.13

HxCDF Lock Mass

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
HxCDF

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
)

F3:m/z     373.8208

1,2,3,6,7,8-HxCDF 44.33

1,2,3,7,8,9-HxCDF 46.03

Non-2,3,7,8-sub-HxCDF 46.15

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
)

F3:m/z     375.8178

1,2,3,6,7,8-HxCDF 44.33

1,2,3,4,7,8-HxCDF 44.19

1,2,3,7,8,9-HxCDF 46.03

Non-2,3,7,8-sub-HxCDF 46.13

HxCDF Interference Mass

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

24

32

40

48

56

64

72

80

88

96

104

112

Y

F3:m/z     445.7555
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Manual Integration/User Assign Peak Report

TestAmerica Knoxville
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Instrument ID: D2A
Lims ID: IC L1                    
Client ID:
Operator ID: DavidsonM ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
RT:  46.03
Area: 226236
Amount:    2.690381
Amount Units: pg/ul

45.3 45.5 45.7 45.9 46.1 46.3 46.5 46.7 46.9
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

Y
 ( 

X
10

00
)

F3:m/z     373.8208

 4
6.

02
9

Manual Integration Results
RT:  46.03
Area: 214140
Amount:    2.556453
Amount Units: pg/ul

45.3 45.5 45.7 45.9 46.1 46.3 46.5 46.7
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

Y
 ( 

X
10

00
)

F3:m/z     373.8208

 4
6.

02
9

Reviewer: davidsonm, 11-Jan-2017 16:11:15
Audit Action: Split an Integrated Peak Audit Reason: Shouldering
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Manual Integration/User Assign Peak Report

TestAmerica Knoxville
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Instrument ID: D2A
Lims ID: IC L1                    
Client ID:
Operator ID: DavidsonM ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
RT:  46.03
Area: 180100
Amount:    2.690381
Amount Units: pg/ul

45.2 45.4 45.6 45.8 46.0 46.2 46.4 46.6 46.8 47.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

Y
 ( 

X
10

00
)

F3:m/z     375.8178

 4
6.

02
9

Manual Integration Results
RT:  46.03
Area: 166768
Amount:    2.556453
Amount Units: pg/ul

45.2 45.4 45.6 45.8 46.0 46.2 46.4 46.6 46.8
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

Y
 ( 

X
10

00
)

F3:m/z     375.8178

 4
6.

02
9

Reviewer: davidsonm, 11-Jan-2017 16:11:15
Audit Action: Split an Integrated Peak Audit Reason: Shouldering
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
HpCDD

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
)

F4:m/z     423.7767

1,2,3,4,6,7,8-HpCDD 50.18

Non-2,3,7,8-sub-HpCDD 48.97 50.79

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
)

F4:m/z     425.7737

1,2,3,4,6,7,8-HpCDD 50.17

Non-2,3,7,8-sub-HpCDD 48.97 50.54

HpCDD Standards

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

12

24

36

48

60

72

84

96

Y
 ( 

X
10

00
0)

F4:m/z     435.8169

13C-1,2,3,4,6,7,8-HpCDD 50.17

50.77

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F4:m/z     437.8140

13C-1,2,3,4,6,7,8-HpCDD 50.15

48.95
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
HpCDD

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
)

F4:m/z     423.7767

1,2,3,4,6,7,8-HpCDD 50.18

Non-2,3,7,8-sub-HpCDD 48.97 50.79

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
)

F4:m/z     425.7737

1,2,3,4,6,7,8-HpCDD 50.17

Non-2,3,7,8-sub-HpCDD 48.97
50.54

HpCDD Lock Mass

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
HpCDF

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.81

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.81

51.35

HpCDF Standards

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F4:m/z     417.8250

13C-1,2,3,4,6,7,8-HpCDF 48.45

13C-1,2,3,4,7,8,9-HpCDF 50.79

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220

13C-1,2,3,4,6,7,8-HpCDF 48.45

13C-1,2,3,4,7,8,9-HpCDF 50.79
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
HpCDF

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.81

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.81

51.35

HpCDF Lock Mass

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
HpCDF

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.81

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.81

51.35

HpCDF Interference Mass

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

19

24

29

34

39

44

49

54

59

64

69

Y

F4:m/z     479.7165
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
OCDD

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F5:m/z     457.7377

OCDD 54.30

54.38

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
)

F5:m/z     459.7348

OCDD 54.30

54.38

OCDD Standards

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F5:m/z     469.7780

13C-OCDD 54.28

54.73

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750

13C-OCDD 54.28

54.64
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
OCDD

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
)

F5:m/z     457.7377

OCDD 54.30

54.38

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
)

F5:m/z     459.7348

OCDD 54.30

54.38

OCDD Lock Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Manual Integration/User Assign Peak Report

TestAmerica Knoxville
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Instrument ID: D2A
Lims ID: IC L1                    
Client ID:
Operator ID: DavidsonM ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 1

Processing Integration Results
RT:  54.30
Area: 222852
Amount:    5.743015
Amount Units: pg/ul

53.5 53.7 53.9 54.1 54.3 54.5 54.7 54.9 55.1 55.3
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

Y
 ( 

X
10

00
)

F5:m/z     457.7377

 5
4.

29
7

Manual Integration Results
RT:  54.30
Area: 199351
Amount:    5.315146
Amount Units: pg/ul

53.5 53.7 53.9 54.1 54.3 54.5 54.7 54.9 55.1
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

Y
 ( 

X
10

00
)

F5:m/z     457.7377

 5
4.

29
7

Reviewer: davidsonm, 11-Jan-2017 16:11:15
Audit Action: Split an Integrated Peak Audit Reason: Shouldering
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Manual Integration/User Assign Peak Report

TestAmerica Knoxville
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Instrument ID: D2A
Lims ID: IC L1                    
Client ID:
Operator ID: DavidsonM ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 2

Processing Integration Results
RT:  54.30
Area: 265717
Amount:    5.743015
Amount Units: pg/ul

53.5 53.7 53.9 54.1 54.3 54.5 54.7 54.9 55.1
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

56

60

Y
 ( 

X
10

00
)

F5:m/z     459.7348

 5
4.

29
7

Manual Integration Results
RT:  54.30
Area: 242990
Amount:    5.315146
Amount Units: pg/ul

53.5 53.7 53.9 54.1 54.3 54.5 54.7 54.9
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

56

60

Y
 ( 

X
10

00
)

F5:m/z     459.7348

 5
4.

29
7

Reviewer: davidsonm, 11-Jan-2017 16:11:15
Audit Action: Split an Integrated Peak Audit Reason: Shouldering
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
)

F5:m/z     441.7428

OCDF 54.43

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
)

F5:m/z     443.7399

OCDF 54.43

OCDF Standards

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

4

8

12

16

20

24

28
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
OCDF
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Report Date: 12-Jan-2017 08:09:14 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i1.d
Injection Date: 16-May-2014 14:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 2
Column Type: Column Dia:
OCDF
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Report Date: 12-Jan-2017 08:09:20 Chrom Revision: 2.2  10-Jan-2017 11:26:10

TestAmerica Knoxville
Target Compound Quantitation Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Lims ID: IC L2                    
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 16-May-2014 15:26:00 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:74cs2 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Jan-2017 08:09:19 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK029

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:13:09

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 31.872     230135 0.84   1.1733       2.116       2.116   0.0116   0.0116    106
A Non-2,3,7,8-sub-TCDD 30.308       2309 0.77   0.0000  RQ
S Total TCDD       2.116       2.116   0.0116   0.0116  RQ

  2,3,7,8-TCDF 29.778     328832 0.81   1.0881       1.983       1.983   0.0162   0.0162  99.13
A Non-2,3,7,8-sub-TCDF 28.995      0.0      0.0
S Total TCDF       1.983       1.983   0.0162   0.0162

  1,2,3,7,8-PeCDD 41.016     743339 1.63   1.0434        10.1        10.1   0.0242   0.0242    101
A Non-2,3,7,8-sub-PeCDD 39.915      0.0      0.0
S Total PeCDD        10.1        10.1   0.0242   0.0242

  1,2,3,7,8-PeCDF 39.294    1326472 1.74   1.1898       9.979       9.979   0.0602   0.0602  99.79
  2,3,4,7,8-PeCDF 40.500    1259085 1.60   1.1095       9.914       9.914   0.0581   0.0581  99.14
A Non-2,3,7,8-sub-PeCDF 38.623      0.0      0.0
S Total PeCDF        19.9        19.9   0.0592   0.0592

  1,2,3,4,7,8-HxCDD 45.234     911864 1.31   1.1409       9.848       9.848   0.0574   0.0574  98.48
  1,2,3,6,7,8-HxCDD 45.352     991123 1.20   1.1481        10.3        10.3   0.0611   0.0611    103
  1,2,3,7,8,9-HxCDD 45.757    1060210 1.31   1.2212        10.5        10.5   0.0555   0.0555    105
A Non-2,3,7,8-sub-HxCDD 44.687      0.0      0.0
S Total HxCDD        30.6        30.6   0.0580   0.0580

  1,2,3,4,7,8-HxCDF 44.189    1500520 1.23   1.3629       9.921       9.921   0.0398   0.0398  99.21
  1,2,3,6,7,8-HxCDF 44.324    1707727 1.29   1.2762       9.881       9.881   0.0369   0.0369  98.81
  2,3,4,6,7,8-HxCDF 45.066    1529879 1.31   1.2654       9.728       9.728   0.0415   0.0415  97.28
  1,2,3,7,8,9-HxCDF 46.027    1432850 1.26   1.2573        10.1        10.1   0.0503   0.0503    101
A Non-2,3,7,8-sub-HxCDF 44.552      0.0      0.0
S Total HxCDF        39.7        39.7   0.0421   0.0421

  1,2,3,4,6,7,8-HpCDD 50.166     848864 1.01   1.1204        10.0        10.0   0.0501   0.0501    100
A Non-2,3,7,8-sub-HpCDD 49.566       6350 1.04   0.0000  RQ
S Total HpCDD        10.0        10.0   0.0501   0.0501  RQ

  1,2,3,4,6,7,8-HpCDF 48.463    1475215 1.04   1.4984        10.1        10.1   0.0435   0.0435    101
  1,2,3,4,7,8,9-HpCDF 50.808    1153014 1.04   1.3807        10.2        10.2   0.0586   0.0586    102
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Report Date: 12-Jan-2017 08:09:20 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

A Non-2,3,7,8-sub-HpCDF 49.625      0.0      0.0
S Total HpCDF        20.3        20.3   0.0510   0.0510

  OCDD 54.294    1537141 0.91   1.2073        19.6        19.6   0.0762   0.0762  98.07
  OCDF 54.432    2160278 0.93   1.1162        20.2        20.2   0.0484   0.0484    101
D 13C-2,3,7,8-TCDD 31.805    9269717 0.82   1.0709       100.0       100.0   0.2668   0.2668    100
D 13C-2,3,7,8-TCDF 29.728   15241754 0.81   1.7545       100.4       100.4   0.1062   0.1062    100
D 13C-1,2,3,7,8-PeCDD 40.999    7066036 1.63   0.8743        93.4        93.4   0.2755   0.2755  93.39
D 13C-1,2,3,7,8-PeCDF 39.277   11172583 1.58   1.3704        94.2        94.2   0.1693   0.1693  94.20
D 13C-2,3,4,7,8-PeCDF 40.482   11446462 1.55   1.3837        95.6        95.6   0.1676   0.1676  95.58
D 13C-1,2,3,4,7,8-HxCDD 45.217    8116369 1.26   0.8772        99.6        99.6   0.2015   0.2015  99.55
D 13C-1,2,3,6,7,8-HxCDD 45.336    8407393 1.21   0.9171        98.6        98.6   0.1928   0.1928  98.64
D 13C-1,2,3,4,7,8-HxCDF 44.172   11097986 0.53   1.1892       100.4       100.4   0.1771   0.1771    100
D 13C-1,2,3,6,7,8-HxCDF 44.307   13542561 0.54   1.4625        99.6        99.6   0.1440   0.1440  99.63
D 13C-2,3,4,6,7,8-HxCDF 45.049   12428502 0.55   1.3197       101.3       101.3   0.1596   0.1596    101
D 13C-1,2,3,7,8,9-HxCDF 46.010   11246135 0.55   1.2001       100.8       100.8   0.1755   0.1755    101
D 13C-1,2,3,4,6,7,8-HpCDD 50.150    7575508 1.08   0.8155       100.0       100.0   0.3177   0.3177  99.95
D 13C-1,2,3,4,6,7,8-HpCDF 48.446    9744462 0.47   1.0496        99.9        99.9   0.1813   0.1813  99.89
D 13C-1,2,3,4,7,8,9-HpCDF 50.791    8217931 0.47   0.8947        98.8        98.8   0.2127   0.2127  98.82
D 13C-OCDD 54.277   12983405 0.91   0.7044       198.3       198.3   0.1912   0.1912  99.16
D 13C-OCDF 54.415   19166588 0.91   1.0615       194.3       194.3   0.1123   0.1123  97.14
$ 37Cl4-2,3,7,8-TCDD 31.872     209201   1.2266       1.971       1.971   0.0120   0.0120  98.54

* 13C-1,2,3,4-TCDD 31.273    8654331 0.82  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45.740    9294113 1.25    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
61L21613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 12-Jan-2017 08:09:20 Chrom Revision: 2.2  10-Jan-2017 11:26:10

TestAmerica Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Lims ID: IC L2                    
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 16-May-2014 15:26:00 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:74cs2 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Jan-2017 08:09:19 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK029

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:13:09

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 31.872 31.871    0  1.002     105137      10705     24     60    446
321.8936 31.872 31.871    0  1.002     124998      12622     29     72    435  0.84(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQ

319.8965 25.705 30.308 -276       1151        291     24     60     12
321.8936 25.705 30.308 -276        550        169     29     72      6  2.09(0.65-0.89)

319.8965 29.778 30.308  -32       2272        356     24     60     15
321.8936 29.744 30.308  -34        755        219     29     72      8  3.01(0.65-0.89)

2,3,7,8-TCDF
303.9016 29.778 29.793   -1  1.002     147166      16694     44    110    379
305.8987 29.778 29.793   -1  1.002     181666      20565     77    192    267  0.81(0.65-0.89)

A Non-2,3,7,8-sub-TCDF
303.9016 28.995      44     110
305.8987 28.995      77     192

1,2,3,7,8-PeCDD
355.8546 41.016 41.031   -1  1.000     460269     109322     93    232   1176
357.8516 41.016 41.031   -1  1.000     283070      69655     78    195    893  1.63(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 39.915      93     232
357.8516 39.915      78     195

1,2,3,7,8-PeCDF
339.8597 39.294 39.309   -1  1.000     842515     173754    306    765    568
341.8567 39.294 39.309   -1  1.000     483957     102696    354    885    290  1.74(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 40.500 40.497    0  1.000     774900     176689    306    765    577
341.8567 40.500 40.497    0  1.000     484185     107161    354    885    303  1.60(1.32-1.78)
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Report Date: 12-Jan-2017 08:09:20 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDF
339.8597 38.623     306     765
341.8567 38.623     354     885

1,2,3,4,7,8-HxCDD
389.8158 45.234 45.249   -1  1.000     517114     131641    379    947    347
391.8127 45.234 45.249   -1  1.000     394750     105750    159    397    665  1.31(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 45.352 45.367   -1  1.000     540243     124591    379    947    329
391.8127 45.352 45.367   -1  1.000     450880     101458    159    397    638  1.20(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45.757 45.755    0  1.012     601411     131634    379    947    347
391.8127 45.757 45.755    0  1.012     458799     102497    159    397    645  1.31(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8158 44.687     379     947
391.8127 44.687     159     397

1,2,3,4,7,8-HxCDF
373.8208 44.189 44.203   -1  1.000     827290     222657    289    722    770
375.8178 44.189 44.203   -1  1.000     673230     180873    347    867    521  1.23(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 44.324 44.338   -1  1.000     960846     235756    289    722    816
375.8178 44.324 44.338   -1  1.000     746881     183324    347    867    528  1.29(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 45.066 45.064    0  1.000     866416     213222    289    722    738
375.8178 45.066 45.064    0  1.000     663463     158603    347    867    457  1.31(1.05-1.43)

1,2,3,7,8,9-HxCDF
373.8208 46.027 46.042   -1  1.000     797958     175751    289    722    608
375.8178 46.027 46.042   -1  1.000     634892     142607    347    867    411  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 44.552     289     722
375.8178 44.552     347     867

1,2,3,4,6,7,8-HpCDD
423.7767 50.166 50.180   -1  1.000     427584      80925    123    307    658
425.7737 50.166 50.180   -1  1.000     421280      81582    202    505    404  1.01(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD RQ

423.7767 48.985 49.566  -35       4300        861    123    307      7
425.7737 48.935 49.566  -38       3113        807    202    505      4  1.38(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 48.463 48.476   -1  1.000     750395     153068    256    640    598
409.7788 48.463 48.476   -1  1.000     724820     145983    260    650    561  1.04(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50.808 50.821   -1  1.000     587255     115873    256    640    453
409.7788 50.808 50.821   -1  1.000     565759     108261    260    650    416  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 49.625     256     640
409.7788 49.625     260     650
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Report Date: 12-Jan-2017 08:09:20 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDD
457.7377 54.294 54.308   -1  1.000     730971     169627    183    457    927
459.7348 54.294 54.308   -1  1.000     806170     185096    363    907    510  0.91(0.76-1.02)

OCDF
441.7428 54.432 54.429    0  1.000    1042747     243488    254    635    959
443.7399 54.432 54.429    0  1.000    1117531     261792    237    592   1105  0.93(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 31.805 31.804    0  1.017    4184694     440025    599   1497    735
333.9338 31.805 31.804    0  1.017    5085023     528497    490   1225   1079  0.82(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 29.728 29.743   -1  0.951    6812939     771003    420   1050   1836
317.9389 29.728 29.743   -1  0.951    8428815     941455    290    725   3246  0.81(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40.999 40.997    0  1.311    4380561    1046952    545   1362   1921
369.8919 40.999 40.997    0  1.311    2685475     644525    373    932   1728  1.63(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 39.277 39.275    0  1.256    6848053    1415913    538   1345   2632
353.8970 39.277 39.275    0  1.256    4324530     886761    346    865   2563  1.58(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40.482 40.480    0  1.294    6951956    1552875    538   1345   2886
353.8970 40.482 40.480    0  1.294    4494506    1006563    346    865   2909  1.55(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 45.217 45.232   -1  0.989    4529719    1128595    642   1605   1758
403.8529 45.217 45.232   -1  0.989    3586650     926324    827   2067   1120  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 45.336 45.350   -1  0.991    4600091    1049243    642   1605   1634
403.8529 45.336 45.350   -1  0.991    3807302     867168    827   2067   1049  1.21(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 44.172 44.187   -1  0.966    3853425    1005394    766   1915   1313
385.8610 44.172 44.187   -1  0.966    7244561    1927282    984   2460   1959  0.53(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 44.307 44.322   -1  0.969    4736265    1199842    766   1915   1566
385.8610 44.307 44.322   -1  0.969    8806296    2175827    984   2460   2211  0.54(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 45.049 45.047    0  0.985    4388561    1067375    766   1915   1393
385.8610 45.049 45.047    0  0.985    8039941    1958619    984   2460   1990  0.55(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 46.010 46.025   -1  1.006    3979151     877838    766   1915   1146
385.8610 46.010 46.025   -1  1.006    7266984    1638180    984   2460   1665  0.55(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 50.150 50.163   -1  1.096    3934053     755146   1326   3315    569
437.8140 50.150 50.163   -1  1.096    3641455     691211    827   2067    836  1.08(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 48.446 48.443    0  1.059    3102669     628947    672   1680    936
419.8220 48.446 48.443    0  1.059    6641793    1352437    909   2272   1488  0.47(0.51-0.37)
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Report Date: 12-Jan-2017 08:09:20 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50.791 50.804   -1  1.110    2611435     505141    672   1680    752
419.8220 50.791 50.804   -1  1.110    5606496    1088299    909   2272   1197  0.47(0.37-0.51)

13C-OCDD
469.7780 54.277 54.291   -1  1.187    6185183    1427483    463   1157   3083
471.7750 54.277 54.291   -1  1.187    6798222    1539237    656   1640   2346  0.91(0.76-1.02)

13C-OCDF
453.7830 54.415 54.429   -1  1.190    9156675    2180826    439   1097   4968
455.7801 54.415 54.429   -1  1.190   10009913    2358456    551   1377   4280  0.91(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 31.872 31.871    0  1.019     209201      21001     56    140    375

13C-1,2,3,4-TCDD
331.9368 31.273 31.289   -1    3894273     420853    599   1497    703
333.9338 31.273 31.289   -1    4760058     531850    490   1225   1085  0.82(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45.740 45.738    0    5160532    1151072    642   1605   1793
403.8529 45.740 45.738    0    4133581     926028    827   2067   1120  1.25(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
Reagents:
61L21613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 12-Jan-2017 08:09:20 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Lims ID: IC L2
Client ID:
Inject. Date: 16-May-2014 15:26:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 2
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 3
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDD, RT: 30.308

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

25.705              1151               291               550               169 2.09 Rn
29.778              2272               356               755               219 3.01 Rn
Signal Totals:

             3423               647              1305               388
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             4728              1035 2.62 RQ
             2309               686 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (4728 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (2309 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 12-Jan-2017 08:09:20 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Lims ID: IC L2
Client ID:
Inject. Date: 16-May-2014 15:26:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 2
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 3
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HpCDD, RT: 49.566

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48.985              4300               861              3113               807 1.38 Rn
Signal Totals:

             4300               861              3113               807
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             7413              1668 1.38 RQ
             6350              1646 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (7413 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (6350 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 12-Jan-2017 08:09:20 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4
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Y
 ( 

X
10

00
)

F1:m/z     319.8965

2,3,7,8-TCDD 31.87

Non-2,3,7,8-sub-TCDD 25.7113.34
32.42

19.92 34.95
31.36

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12
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Y
 ( 

X
10

00
)

F1:m/z     321.8936

2,3,7,8-TCDD 31.87

13.69 19.1217.21 Non-2,3,7,8-sub-TCDD 25.71 34.85
15.55

32.82
33.25

TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

7
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Y
 ( 

X
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00
0)

F1:m/z     331.9368

13C-2,3,7,8-TCDD 31.80

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
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0

8

16
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32

40

48

56

64

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD 31.27
13C-2,3,7,8-TCDD 31.80
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Report Date: 12-Jan-2017 08:09:20 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
)

F1:m/z     319.8965

2,3,7,8-TCDD 31.87

Non-2,3,7,8-sub-TCDD 25.7113.34
32.42

19.92 34.95
31.36

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8
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12

14
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Y
 ( 

X
10

00
)

F1:m/z     321.8936

2,3,7,8-TCDD 31.87

13.69 19.1217.21 Non-2,3,7,8-sub-TCDD 25.71 34.85
15.55

32.82
33.25

TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0
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6
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18

21

24

Y
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X
10

00
)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD 31.87

14.44 22.6517.68

37Cl4-TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
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0)

F1:m/z     331.9368

13C-2,3,7,8-TCDD 31.80
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X
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00
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F1:m/z     333.9338

13C-1,2,3,4-TCDD 31.27
13C-2,3,7,8-TCDD 31.80
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

26

Y
 ( 

X
10

00
)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD 31.87

14.44 22.6517.68

37Cl4-TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

90

96

Y

F1:m/z     313.9834
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min
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X
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00
)

F1:m/z     303.9016

2,3,7,8-TCDF 29.78

27.5216.86 23.81 32.47
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X
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)

F1:m/z     305.8987

2,3,7,8-TCDF 29.78

28.58

TCDF Standards
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Y
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X
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00
0)

F1:m/z     315.9419

13C-2,3,7,8-TCDF 29.73

30.08
28.60

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0
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X
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00
00

)

F1:m/z     317.9389

13C-2,3,7,8-TCDF 29.73

28.58 31.26
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

16
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20

Y
 ( 

X
10

00
)

F1:m/z     303.9016

2,3,7,8-TCDF 29.78

27.5216.86 23.81 32.47

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0
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6

9

12
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Y
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X
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00
)

F1:m/z     305.8987

2,3,7,8-TCDF 29.78

28.58

TCDF Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54
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72
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99

Y

F1:m/z     313.9834
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min
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Y
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X
10

00
)

F1:m/z     303.9016

2,3,7,8-TCDF 29.78

27.5216.86 23.81 32.47

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min
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Y
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X
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)

F1:m/z     305.8987

2,3,7,8-TCDF 29.78

28.58

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

2
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X
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)

F1:m/z     375.8364
20.40

32.80
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
PeCDD
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1,2,3,7,8-PeCDD 41.02
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PeCDD Standards
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
PeCDD
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F2:m/z     355.8546

1,2,3,7,8-PeCDD 41.02
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PeCDD Lock Mass
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F2:m/z     313.9834
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
PeCDF
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PeCDF Standards
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
PeCDF
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
PeCDF
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
HxCDD
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
HxCDD
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1,2,3,7,8,9-HxCDD 45.76
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
HxCDF
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
HxCDF
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
HxCDF
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HxCDF Interference Mass

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

2

4

6

8

10

12

14

Y
 ( 

X
10

)

F3:m/z     445.7555

43.62

Page 1755 of 2476



Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
HpCDD
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
HpCDD
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47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y
 ( 

X
10

00
)

F4:m/z     425.7737

1,2,3,4,6,7,8-HpCDD 50.17

Non-2,3,7,8-sub-HpCDD 48.93
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
HpCDF
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
HpCDF
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Report Date: 12-Jan-2017 08:09:21 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
HpCDF
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Report Date: 12-Jan-2017 08:09:22 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
OCDD
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Report Date: 12-Jan-2017 08:09:22 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
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Report Date: 12-Jan-2017 08:09:22 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
OCDF
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Report Date: 12-Jan-2017 08:09:22 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
OCDF
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Report Date: 12-Jan-2017 08:09:22 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i2.d
Injection Date: 16-May-2014 15:26:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 3
Column Type: Column Dia:
OCDF
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10

TestAmerica Knoxville
Target Compound Quantitation Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Lims ID: IC L3                    
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 16-May-2014 16:27:00 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:74cs3 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Jan-2017 08:10:05 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK029

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:14:19

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 31.838    1103093 0.77   1.1733       9.782       9.782   0.0261   0.0261  97.82
A Non-2,3,7,8-sub-TCDD 30.308       4111 0.77   0.0000  RQ
S Total TCDD       9.782       9.782   0.0261   0.0261  RQ

  2,3,7,8-TCDF 29.760    1699244 0.79   1.0881       9.890       9.890   0.0284   0.0284  98.90
A Non-2,3,7,8-sub-TCDF 28.995      15857 0.77   0.0000
S Total TCDF       9.890       9.890   0.0284   0.0284

  1,2,3,7,8-PeCDD 41.015    3815716 1.56   1.0434        48.5        48.5   0.0582   0.0582  96.92
A Non-2,3,7,8-sub-PeCDD 39.915      0.0      0.0
S Total PeCDD        48.5        48.5   0.0582   0.0582

  1,2,3,7,8-PeCDF 39.293    6951995 1.58   1.1898        48.1        48.1   0.1888   0.1888  96.21
  2,3,4,7,8-PeCDF 40.499    6512875 1.58   1.1095        48.5        48.5   0.1814   0.1814  97.01
A Non-2,3,7,8-sub-PeCDF 38.623      0.0      0.0
S Total PeCDF        96.6        96.6   0.1851   0.1851

  1,2,3,4,7,8-HxCDD 45.248    4731492 1.27   1.1409        49.1        49.1   0.1073   0.1073  98.27
  1,2,3,6,7,8-HxCDD 45.366    5069185 1.26   1.1481        49.6        49.6   0.1128   0.1128  99.12
  1,2,3,7,8,9-HxCDD 45.754    5184383 1.28   1.2212        48.9        48.9   0.1031   0.1031  97.88
A Non-2,3,7,8-sub-HxCDD 44.687      0.0      0.0
S Total HxCDD       147.6       147.6   0.1078   0.1078

  1,2,3,4,7,8-HxCDF 44.202    7655800 1.25   1.3629        48.6        48.6   0.1512   0.1512  97.14
  1,2,3,6,7,8-HxCDF 44.337    8864531 1.21   1.2762        48.4        48.4   0.1440   0.1440  96.74
  2,3,4,6,7,8-HxCDF 45.063    7899628 1.25   1.2654        48.4        48.4   0.1570   0.1570  96.75
  1,2,3,7,8,9-HxCDF 46.024    7126497 1.26   1.2573        49.0        49.0   0.2044   0.2044  98.07
A Non-2,3,7,8-sub-HxCDF 44.552      0.0      0.0
S Total HxCDF       194.3       194.3   0.1642   0.1642

  1,2,3,4,6,7,8-HpCDD 50.178    4285504 1.05   1.1204        49.5        49.5   0.1647   0.1647  99.02
A Non-2,3,7,8-sub-HpCDD 49.566      0.0      0.0
S Total HpCDD        49.5        49.5   0.1647   0.1647

  1,2,3,4,6,7,8-HpCDF 48.458    7340131 1.05   1.4984        48.5        48.5   0.1652   0.1652  97.00
  1,2,3,4,7,8,9-HpCDF 50.819    5736971 1.07   1.3807        48.6        48.6   0.2252   0.2252  97.15

Page 1766 of 2476



Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

A Non-2,3,7,8-sub-HpCDF 49.625      0.0      0.0
S Total HpCDF        97.1        97.1   0.1952   0.1952

  OCDD 54.290    7672456 0.90   1.2073        99.1        99.1   0.1333   0.1333  99.09
  OCDF 54.428   10665891 0.91   1.1162        98.2        98.2   0.1095   0.1095  98.17
D 13C-2,3,7,8-TCDD 31.788    9611208 0.81   1.0709        98.8        98.8   0.2864   0.2864  98.79
D 13C-2,3,7,8-TCDF 29.727   15790178 0.81   1.7545        99.1        99.1   0.1594   0.1594  99.07
D 13C-1,2,3,7,8-PeCDD 40.998    7546076 1.58   0.8743        95.0        95.0   0.3704   0.3704  95.01
D 13C-1,2,3,7,8-PeCDF 39.276   12146075 1.57   1.3704        97.6        97.6   0.3207   0.3207  97.56
D 13C-2,3,4,7,8-PeCDF 40.481   12102314 1.58   1.3837        96.3        96.3   0.3176   0.3176  96.28
D 13C-1,2,3,4,7,8-HxCDD 45.231    8441043 1.24   0.8772       100.1       100.1   0.2048   0.2048    100
D 13C-1,2,3,6,7,8-HxCDD 45.350    8908892 1.26   0.9171       101.0       101.0   0.1959   0.1959    101
D 13C-1,2,3,4,7,8-HxCDF 44.185   11565241 0.52   1.1892       101.1       101.1   0.1596   0.1596    101
D 13C-1,2,3,6,7,8-HxCDF 44.320   14360417 0.53   1.4625       102.1       102.1   0.1298   0.1298    102
D 13C-2,3,4,6,7,8-HxCDF 45.046   12905207 0.55   1.3197       101.7       101.7   0.1438   0.1438    102
D 13C-1,2,3,7,8,9-HxCDF 46.007   11559055 0.54   1.2001       100.2       100.2   0.1581   0.1581    100
D 13C-1,2,3,4,6,7,8-HpCDD 50.161    7725803 1.10   0.8155        98.5        98.5   0.3117   0.3117  98.52
D 13C-1,2,3,4,6,7,8-HpCDF 48.441   10100696 0.44   1.0496       100.1       100.1   0.1758   0.1758    100
D 13C-1,2,3,4,7,8,9-HpCDF 50.786    8553669 0.45   0.8947        99.4        99.4   0.2063   0.2063  99.41
D 13C-OCDD 54.290   12827376 0.92   0.7044       189.4       189.4   0.1987   0.1987  94.68
D 13C-OCDF 54.428   19467909 0.91   1.0615       190.7       190.7   0.0917   0.0917  95.36
$ 37Cl4-2,3,7,8-TCDD 31.838    1078771   1.2266       9.682       9.682   0.0207   0.0207  96.82

* 13C-1,2,3,4-TCDD 31.273    9084255 0.81  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45.737    9616646 1.27    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
61L31613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10

TestAmerica Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Lims ID: IC L3                    
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 16-May-2014 16:27:00 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:74cs3 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Jan-2017 08:10:05 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK029

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:14:19

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 31.838 31.838    0  1.002     480461      49145     43    107   1143
321.8936 31.855 31.838    1  1.002     622632      66067     74    185    893  0.77(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQ

319.8965 29.744 30.308  -34       2139        497     43    107     12
321.8936 29.727 30.308  -35       2323        402     74    185      5  0.92(0.65-0.89)

2,3,7,8-TCDF
303.9016 29.760 29.760    0  1.001     751447      84906    105    262    809
305.8987 29.777 29.760    1  1.002     947797     110203    112    280    984  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 28.613 28.995  -23       6903        985    105    262      9
305.8987 28.597 28.995  -24       8954       1096    112    280     10  0.77(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 41.015 41.015    0  1.000    2326577     552471    233    582   2371
357.8516 41.015 41.015    0  1.000    1489139     361545    206    515   1755  1.56(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 39.915     233     582
357.8516 39.915     206     515

1,2,3,7,8-PeCDF
339.8597 39.293 39.293    0  1.000    4258824     875314   1384   3460    632
341.8567 39.293 39.293    0  1.000    2693171     549312    886   2215    620  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 40.499 40.499    0  1.000    3984815     919843   1384   3460    665
341.8567 40.499 40.499    0  1.000    2528060     588273    886   2215    664  1.58(1.32-1.78)
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDF
339.8597 38.623    1384    3460
341.8567 38.623     886    2215

1,2,3,4,7,8-HxCDD
389.8158 45.248 45.248    0  1.000    2647565     694895    543   1357   1280
391.8127 45.248 45.248    0  1.000    2083927     528569    537   1342    984  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 45.366 45.366    0  1.000    2830045     671380    543   1357   1236
391.8127 45.366 45.366    0  1.000    2239140     528504    537   1342    984  1.26(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45.754 45.754    0  1.012    2909461     665096    543   1357   1225
391.8127 45.754 45.754    0  1.012    2274922     515784    537   1342    960  1.28(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8158 44.687     543    1357
391.8127 44.687     537    1342

1,2,3,4,7,8-HxCDF
373.8208 44.202 44.202    0  1.000    4252364    1152533   1361   3402    847
375.8178 44.202 44.202    0  1.000    3403436     889291   1188   2970    749  1.25(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 44.337 44.337    0  1.000    4852548    1177511   1361   3402    865
375.8178 44.337 44.337    0  1.000    4011983     951434   1188   2970    801  1.21(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 45.063 45.063    0  1.000    4384591    1096858   1361   3402    806
375.8178 45.063 45.063    0  1.000    3515037     885868   1188   2970    746  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDF
373.8208 46.024 46.024    0  1.000    3973060     857029   1361   3402    630
375.8178 46.024 46.024    0  1.000    3153437     697338   1188   2970    587  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 44.552    1361    3402
375.8178 44.552    1188    2970

1,2,3,4,6,7,8-HpCDD
423.7767 50.178 50.178    0  1.000    2192332     417062    552   1380    756
425.7737 50.178 50.178    0  1.000    2093172     396316    526   1315    753  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7767 49.566     552    1380
425.7737 49.566     526    1315

1,2,3,4,6,7,8-HpCDF
407.7817 48.458 48.458    0  1.000    3763417     750457   1020   2550    736
409.7788 48.458 48.458    0  1.000    3576714     728511   1018   2545    716  1.05(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50.819 50.819    0  1.001    2966508     567063   1020   2550    556
409.7788 50.802 50.819   -1  1.000    2770463     540488   1018   2545    531  1.07(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 49.625    1020    2550
409.7788 49.625    1018    2545
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDD
457.7377 54.290 54.290    0  1.000    3630135     798190    388    970   2057
459.7348 54.290 54.290    0  1.000    4042321     922514    517   1292   1784  0.90(0.76-1.02)

OCDF
441.7428 54.428 54.428    0  1.000    5087486    1187618    419   1047   2834
443.7399 54.428 54.428    0  1.000    5578405    1325319    670   1675   1978  0.91(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 31.788 31.788    0  1.016    4294516     424380    700   1750    606
333.9338 31.788 31.788    0  1.016    5316692     529219    507   1267   1044  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 29.727 29.727    0  0.951    7044515     770657    604   1510   1276
317.9389 29.727 29.727    0  0.951    8745663     984510    496   1240   1985  0.81(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40.998 40.998    0  1.311    4626247    1112265    908   2270   1225
369.8919 40.998 40.998    0  1.311    2919829     692726    366    915   1893  1.58(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 39.276 39.276    0  1.256    7420185    1556852    666   1665   2338
353.8970 39.276 39.276    0  1.256    4725890     969806   1063   2657    912  1.57(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40.481 40.481    0  1.294    7402612    1733324    666   1665   2603
353.8970 40.481 40.481    0  1.294    4699702    1085674   1063   2657   1021  1.58(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 45.231 45.231    0  0.989    4677745    1212495    788   1970   1539
403.8529 45.231 45.231    0  0.989    3763298     992262    766   1915   1295  1.24(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 45.350 45.350    0  0.992    4971028    1147081    788   1970   1456
403.8529 45.350 45.350    0  0.992    3937864     936939    766   1915   1223  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 44.185 44.185    0  0.966    3971124    1055768    658   1645   1605
385.8610 44.185 44.185    0  0.966    7594117    2035527    984   2460   2069  0.52(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 44.320 44.320    0  0.969    4988721    1221360    658   1645   1856
385.8610 44.320 44.320    0  0.969    9371696    2246658    984   2460   2283  0.53(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 45.046 45.046    0  0.985    4567426    1141229    658   1645   1734
385.8610 45.046 45.046    0  0.985    8337781    2065196    984   2460   2099  0.55(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 46.007 46.007    0  1.006    4038510     860411    658   1645   1308
385.8610 46.007 46.007    0  1.006    7520545    1619371    984   2460   1646  0.54(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 50.161 50.161    0  1.097    4048454     764293    960   2400    796
437.8140 50.161 50.161    0  1.097    3677349     696523   1239   3097    562  1.10(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 48.441 48.441    0  1.059    3071353     632983    814   2035    778
419.8220 48.441 48.441    0  1.059    7029343    1424811    783   1957   1820  0.44(0.51-0.37)
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50.786 50.786    0  1.110    2665351     503859    814   2035    619
419.8220 50.786 50.786    0  1.110    5888318    1134602    783   1957   1449  0.45(0.37-0.51)

13C-OCDD
469.7780 54.290 54.290    0  1.187    6153472    1344000    630   1575   2133
471.7750 54.290 54.290    0  1.187    6673904    1466401    581   1452   2524  0.92(0.76-1.02)

13C-OCDF
453.7830 54.428 54.428    0  1.190    9258160    2101172    434   1085   4841
455.7801 54.428 54.428    0  1.190   10209749    2351742    408   1020   5764  0.91(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 31.838 31.838    0  1.018    1078771     110043    100    250   1100

13C-1,2,3,4-TCDD
331.9368 31.273 31.273    0    4054750     419797    700   1750    600
333.9338 31.273 31.273    0    5029505     563740    507   1267   1112  0.81(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45.737 45.737    0    5389374    1212839    788   1970   1539
403.8529 45.737 45.737    0    4227272     949970    766   1915   1240  1.27(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
Reagents:
61L31613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Lims ID: IC L3
Client ID:
Inject. Date: 16-May-2014 16:27:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 3
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 4
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDD, RT: 30.308

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

29.744              2139               497              2323               402 0.92 Rn
Signal Totals:

             2139               497              2323               402
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             4462               899 0.92 RQ
             4111               711 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (4462 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (4111 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Lims ID: IC L3
Client ID:
Inject. Date: 16-May-2014 16:27:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 3
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 4
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDF, RT: 28.995

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

28.613              6903               985              8954              1096 0.77 n
Signal Totals:

             6903               985              8954              1096
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            15857              2081 0.77

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (15857 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
n - Failed Sig-To-Noise Test
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F1:m/z     319.8965

2,3,7,8-TCDD 31.84

32.34
28.7521.38

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
)

F1:m/z     321.8936

2,3,7,8-TCDD 31.85

Non-2,3,7,8-sub-TCDD 29.73

TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-2,3,7,8-TCDD 31.79

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD 31.27
13C-2,3,7,8-TCDD 31.79
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
)

F1:m/z     319.8965

2,3,7,8-TCDD 31.84

32.34
28.7521.38

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
)

F1:m/z     321.8936

2,3,7,8-TCDD 31.85

Non-2,3,7,8-sub-TCDD 29.73

TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD 31.84

37Cl4-TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-2,3,7,8-TCDD 31.79

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD 31.27

13C-2,3,7,8-TCDD 31.79
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

14

Y
 ( 

X
10

00
0)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD 31.84

37Cl4-TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

90

96

Y

F1:m/z     313.9834
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

2,3,7,8-TCDF 29.76

Non-2,3,7,8-sub-TCDF 28.61

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6
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10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

2,3,7,8-TCDF 29.78

Non-2,3,7,8-sub-TCDF 28.60

TCDF Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F1:m/z     315.9419

13C-2,3,7,8-TCDF 29.73

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389

13C-2,3,7,8-TCDF 29.73

28.61
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

2,3,7,8-TCDF 29.76

Non-2,3,7,8-sub-TCDF 28.61

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

2,3,7,8-TCDF 29.78

Non-2,3,7,8-sub-TCDF 28.60

TCDF Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 12-Jan-2017 08:10:06 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

1

2

3

4
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6

7

8

9

10

11

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

2,3,7,8-TCDF 29.76

Non-2,3,7,8-sub-TCDF 28.61

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

2,3,7,8-TCDF 29.78

Non-2,3,7,8-sub-TCDF 28.60

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

2

6

10

14

18

22

26

30

34
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Y
 ( 

X
10

)

F1:m/z     375.8364 31.97

17.43

14.02
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Report Date: 12-Jan-2017 08:10:07 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
PeCDD

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0
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X
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0)

F2:m/z     355.8546

1,2,3,7,8-PeCDD 41.02
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Min
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Y
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X
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F2:m/z     357.8516

1,2,3,7,8-PeCDD 41.02

PeCDD Standards
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Y
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X
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)

F2:m/z     367.8949

13C-1,2,3,7,8-PeCDD 41.00

41.24

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min
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Y
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X
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00
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F2:m/z     369.8919

13C-1,2,3,7,8-PeCDD 41.00
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Report Date: 12-Jan-2017 08:10:07 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
PeCDD

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min
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Y
 ( 

X
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00
0)

F2:m/z     355.8546

1,2,3,7,8-PeCDD 41.02
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Min
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F2:m/z     357.8516

1,2,3,7,8-PeCDD 41.02

PeCDD Lock Mass

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min
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Y

F2:m/z     313.9834
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Report Date: 12-Jan-2017 08:10:07 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
HpCDF

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
0)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.82

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
0)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.80

HpCDF Lock Mass

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770

Page 1794 of 2476



Report Date: 12-Jan-2017 08:10:07 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville
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Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
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Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
OCDD
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Report Date: 12-Jan-2017 08:10:07 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
OCDD
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Report Date: 12-Jan-2017 08:10:07 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
OCDF
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Report Date: 12-Jan-2017 08:10:07 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
OCDF
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Report Date: 12-Jan-2017 08:10:07 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i3.d
Injection Date: 16-May-2014 16:27:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 4
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428

OCDF 54.43

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399

OCDF 54.43

OCDF Interference Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

)

F5:m/z     513.6775 55.51

55.12
57.41

Page 1800 of 2476



Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10

TestAmerica Knoxville
Target Compound Quantitation Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Lims ID: IC L4                    
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 16-May-2014 17:29:00 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:74cs4 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Jan-2017 08:09:34 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK029

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:15:14

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 31.815    4263534 0.80   1.1733        38.6        38.6   0.0562   0.0562  96.61
A Non-2,3,7,8-sub-TCDD 30.308      0.0      0.0
S Total TCDD        38.6        38.6   0.0562   0.0562

  2,3,7,8-TCDF 29.738    6586510 0.79   1.0881        39.2        39.2   0.0448   0.0448  98.00
A Non-2,3,7,8-sub-TCDF 28.995      62222 0.77   0.0000  RQ
S Total TCDF        39.2        39.2   0.0448   0.0448  RQ

  1,2,3,7,8-PeCDD 40.977   15915139 1.57   1.0434       192.3       192.3   0.1041   0.1041  96.13
A Non-2,3,7,8-sub-PeCDD 39.915      0.0      0.0
S Total PeCDD       192.3       192.3   0.1041   0.1041

  1,2,3,7,8-PeCDF 39.255   28353659 1.58   1.1898       194.0       194.0   0.6108   0.6108  96.98
  2,3,4,7,8-PeCDF 40.461   26657615 1.59   1.1095       192.9       192.9   0.5785   0.5785  96.45
A Non-2,3,7,8-sub-PeCDF 38.623      0.0      0.0
S Total PeCDF       386.9       386.9   0.5947   0.5947

  1,2,3,4,7,8-HxCDD 45.212   19615008 1.24   1.1409       193.1       193.1   0.4370   0.4370  96.53
  1,2,3,6,7,8-HxCDD 45.330   20922527 1.27   1.1481       190.0       190.0   0.4327   0.4327  94.98
  1,2,3,7,8,9-HxCDD 45.718   21806109 1.26   1.2212       193.1       193.1   0.4076   0.4076  96.53
A Non-2,3,7,8-sub-HxCDD 44.687      0.0      0.0
S Total HxCDD       576.1       576.1   0.4258   0.4258

  1,2,3,4,7,8-HxCDF 44.166   31660907 1.24   1.3629       192.6       192.6   0.4101   0.4101  96.29
  1,2,3,6,7,8-HxCDF 44.284   36461883 1.25   1.2762       190.5       190.5   0.3742   0.3742  95.27
  2,3,4,6,7,8-HxCDF 45.026   32628769 1.25   1.2654       193.4       193.4   0.4178   0.4178  96.70
  1,2,3,7,8,9-HxCDF 45.988   30276117 1.25   1.2573       196.1       196.1   0.5112   0.5112  98.06
A Non-2,3,7,8-sub-HxCDF 44.552      0.0      0.0
S Total HxCDF       772.6       772.6   0.4284   0.4284

  1,2,3,4,6,7,8-HpCDD 50.141   17971175 1.06   1.1204       192.8       192.8   0.5434   0.5434  96.40
A Non-2,3,7,8-sub-HpCDD 49.566      0.0      0.0
S Total HpCDD       192.8       192.8   0.5434   0.5434

  1,2,3,4,6,7,8-HpCDF 48.420   30775593 1.05   1.4984       193.1       193.1   0.3986   0.3986  96.55
  1,2,3,4,7,8,9-HpCDF 50.765   24451442 1.05   1.3807       195.2       195.2   0.5424   0.5424  97.61
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

A Non-2,3,7,8-sub-HpCDF 49.625      0.0      0.0
S Total HpCDF       388.3       388.3   0.4705   0.4705

  OCDD 54.267   34014604 0.90   1.2073       380.8       380.8   0.3541   0.3541  95.20
  OCDF 54.388   47454024 0.92   1.1162       378.5       378.5   0.3471   0.3471  94.62
D 13C-2,3,7,8-TCDD 31.766    9403373 0.83   1.0709       100.8       100.8   0.2750   0.2750    101
D 13C-2,3,7,8-TCDF 29.688   15441140 0.82   1.7545       101.1       101.1   0.0968   0.0968    101
D 13C-1,2,3,7,8-PeCDD 40.960    7933559 1.61   0.8743       104.2       104.2   0.3387   0.3387    104
D 13C-1,2,3,7,8-PeCDF 39.238   12286310 1.60   1.3704       102.9       102.9   0.3105   0.3105    103
D 13C-2,3,4,7,8-PeCDF 40.444   12455454 1.59   1.3837       103.4       103.4   0.3075   0.3075    103
D 13C-1,2,3,4,7,8-HxCDD 45.195    8905352 1.28   0.8772       101.2       101.2   0.1612   0.1612    101
D 13C-1,2,3,6,7,8-HxCDD 45.313    9593131 1.26   0.9171       104.3       104.3   0.1542   0.1542    104
D 13C-1,2,3,4,7,8-HxCDF 44.149   12063156 0.53   1.1892       101.1       101.1   0.1383   0.1383    101
D 13C-1,2,3,6,7,8-HxCDF 44.267   14993755 0.55   1.4625       102.2       102.2   0.1125   0.1125    102
D 13C-2,3,4,6,7,8-HxCDF 45.009   13333182 0.53   1.3197       100.7       100.7   0.1246   0.1246    101
D 13C-1,2,3,7,8,9-HxCDF 45.971   12277599 0.54   1.2001       102.0       102.0   0.1370   0.1370    102
D 13C-1,2,3,4,6,7,8-HpCDD 50.124    8319073 1.10   0.8155       101.7       101.7   0.2654   0.2654    102
D 13C-1,2,3,4,6,7,8-HpCDF 48.403   10636138 0.46   1.0496       101.0       101.0   0.1544   0.1544    101
D 13C-1,2,3,4,7,8,9-HpCDF 50.748    9071146 0.45   0.8947       101.0       101.0   0.1811   0.1811    101
D 13C-OCDD 54.250   14797795 0.93   0.7044       209.4       209.4   0.1227   0.1227    105
D 13C-OCDF 54.388   22466050 0.91   1.0615       210.9       210.9   0.1026   0.1026    105
$ 37Cl4-2,3,7,8-TCDD 31.799    4258282   1.2266        39.9        39.9   0.0284   0.0284  99.66

* 13C-1,2,3,4-TCDD 31.234    8708927 0.81  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45.701   10033553 1.25    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
61L41613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10

TestAmerica Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Lims ID: IC L4                    
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 16-May-2014 17:29:00 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:74cs4 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Jan-2017 08:09:34 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK029

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:15:14

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 31.815 31.838   -1  1.002    1891248     191979    134    335   1433
321.8936 31.799 31.838   -2  1.001    2372286     242692    126    315   1926  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDD
319.8965 30.308     134     335
321.8936 30.308     126     315

2,3,7,8-TCDF
303.9016 29.738 29.760   -1  1.002    2915517     328500    135    337   2433
305.8987 29.721 29.760   -2  1.001    3670993     403994    191    477   2115  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQ

303.9016 28.591 28.995  -24      24843       3402    135    337     25
305.8987 28.591 28.995  -24      28149       3247    191    477     17  0.88(0.65-0.89)

303.9016 30.070 28.995   64       9552        855    135    337      6
305.8987 30.137 28.995   68       5215       1125    191    477      6  1.83(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 40.977 41.015   -2  1.000    9711201    2312647    455   1137   5083
357.8516 40.977 41.015   -2  1.000    6203938    1486672    371    927   4007  1.57(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 39.915     455    1137
357.8516 39.915     371     927

1,2,3,7,8-PeCDF
339.8597 39.255 39.293   -2  1.000   17352103    3551979   4380  10950    811
341.8567 39.255 39.293   -2  1.000   11001556    2244107   2922   7305    768  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 40.461 40.499   -2  1.000   16366381    3807031   4380  10950    869
341.8567 40.461 40.499   -2  1.000   10291234    2372495   2922   7305    812  1.59(1.32-1.78)
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDF
339.8597 38.623    4380   10950
341.8567 38.623    2922    7305

1,2,3,4,7,8-HxCDD
389.8158 45.212 45.248   -2  1.000   10866678    2725560   2588   6470   1053
391.8127 45.195 45.248   -3  1.000    8748330    2182787   1821   4552   1199  1.24(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 45.330 45.366   -2  1.000   11699331    2736260   2588   6470   1057
391.8127 45.313 45.366   -3  1.000    9223196    2118323   1821   4552   1163  1.27(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45.718 45.754   -2  1.012   12176851    2829631   2588   6470   1093
391.8127 45.718 45.754   -2  1.012    9629258    2234894   1821   4552   1227  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8158 44.687    2588    6470
391.8127 44.687    1821    4552

1,2,3,4,7,8-HxCDF
373.8208 44.166 44.202   -2  1.000   17552228    4595549   3845   9612   1195
375.8178 44.149 44.202   -3  1.000   14108679    3675530   3097   7742   1187  1.24(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 44.284 44.337   -3  1.000   20275139    4913451   3845   9612   1278
375.8178 44.284 44.337   -3  1.000   16186744    4031681   3097   7742   1302  1.25(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 45.026 45.063   -2  1.000   18106557    4588639   3845   9612   1193
375.8178 45.026 45.063   -2  1.000   14522212    3646655   3097   7742   1177  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDF
373.8208 45.988 46.024   -2  1.000   16793197    3750981   3845   9612    976
375.8178 45.988 46.024   -2  1.000   13482920    3044426   3097   7742    983  1.25(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 44.552    3845    9612
375.8178 44.552    3097    7742

1,2,3,4,6,7,8-HpCDD
423.7767 50.141 50.178   -2  1.000    9259060    1781113   2362   5905    754
425.7737 50.141 50.178   -2  1.000    8712115    1650944   1426   3565   1158  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7767 49.566    2362    5905
425.7737 49.566    1426    3565

1,2,3,4,6,7,8-HpCDF
407.7817 48.420 48.458   -2  1.000   15764262    3226313   2617   6542   1233
409.7788 48.420 48.458   -2  1.000   15011331    3120494   2620   6550   1191  1.05(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50.765 50.819   -3  1.000   12497949    2420397   2617   6542    925
409.7788 50.765 50.819   -3  1.000   11953493    2345175   2620   6550    895  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 49.625    2617    6542
409.7788 49.625    2620    6550
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDD
457.7377 54.267 54.290   -1  1.000   16128444    3708022   1051   2627   3528
459.7348 54.250 54.290   -2  1.000   17886160    4037709   1866   4665   2164  0.90(0.76-1.02)

OCDF
441.7428 54.388 54.428   -2  1.000   22687472    5303694   2550   6375   2080
443.7399 54.388 54.428   -2  1.000   24766552    5953196   1550   3875   3841  0.92(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 31.766 31.788   -1  1.017    4252514     446145    651   1627    685
333.9338 31.766 31.788   -1  1.017    5150859     538901    440   1100   1225  0.83(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 29.688 29.727   -2  0.951    6943354     752027    320    800   2350
317.9389 29.688 29.727   -2  0.951    8497786     921617    309    772   2983  0.82(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40.960 40.998   -2  1.311    4892053    1175097    744   1860   1579
369.8919 40.960 40.998   -2  1.311    3041506     726434    353    882   2058  1.61(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 39.238 39.276   -2  1.256    7554923    1540416    855   2137   1802
353.8970 39.238 39.276   -2  1.256    4731387     971377    721   1802   1347  1.60(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40.444 40.481   -2  1.295    7639963    1738288    855   2137   2033
353.8970 40.444 40.481   -2  1.295    4815491    1105777    721   1802   1534  1.59(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 45.195 45.231   -2  0.989    4993367    1233498    758   1895   1627
403.8529 45.195 45.231   -2  0.989    3911985     977058    541   1352   1806  1.28(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 45.313 45.350   -2  0.992    5339736    1220476    758   1895   1610
403.8529 45.313 45.350   -2  0.992    4253395     998127    541   1352   1845  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 44.149 44.185   -2  0.966    4183066    1106590    486   1215   2277
385.8610 44.149 44.185   -2  0.966    7880090    1998317   1025   2562   1950  0.53(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 44.267 44.320   -3  0.969    5312423    1289548    486   1215   2653
385.8610 44.267 44.320   -3  0.969    9681332    2344271   1025   2562   2287  0.55(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 45.009 45.046   -2  0.985    4594531    1144207    486   1215   2354
385.8610 45.009 45.046   -2  0.985    8738651    2138197   1025   2562   2086  0.53(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45.971 46.007   -2  1.006    4287134     927670    486   1215   1909
385.8610 45.971 46.007   -2  1.006    7990465    1772222   1025   2562   1729  0.54(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 50.124 50.161   -2  1.097    4358439     814143    823   2057    989
437.8140 50.124 50.161   -2  1.097    3960634     741361   1165   2912    636  1.10(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 48.403 48.441   -2  1.059    3337014     690637    759   1897    910
419.8220 48.403 48.441   -2  1.059    7299124    1501267    730   1825   2057  0.46(0.51-0.37)
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50.748 50.786   -2  1.110    2821969     553394    759   1897    729
419.8220 50.748 50.786   -2  1.110    6249177    1194738    730   1825   1637  0.45(0.37-0.51)

13C-OCDD
469.7780 54.250 54.290   -2  1.187    7131779    1633617    392    980   4167
471.7750 54.250 54.290   -2  1.187    7666016    1778388    402   1005   4424  0.93(0.76-1.02)

13C-OCDF
453.7830 54.388 54.428   -2  1.190   10677571    2517622    556   1390   4528
455.7801 54.388 54.428   -2  1.190   11788479    2773637    444   1110   6247  0.91(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 31.799 31.838   -2  1.018    4258282     440452    129    322   3414

13C-1,2,3,4-TCDD
331.9368 31.234 31.273   -2    3910026     413703    651   1627    635
333.9338 31.234 31.273   -2    4798901     512178    440   1100   1164  0.81(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45.701 45.737   -2    5570704    1287541    758   1895   1699
403.8529 45.701 45.737   -2    4462849    1008970    541   1352   1865  1.25(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
Reagents:
61L41613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Lims ID: IC L4
Client ID:
Inject. Date: 16-May-2014 17:29:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 4
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 5
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDF, RT: 28.995

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

28.591             24843              3402             28149              3247 0.88
30.070              9552               855              5215              1125 1.83 Rn
Signal Totals:

            34395              4257             33364              4372
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            67759              8629 1.03 RQ
            62222              8640 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (67759 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (62222 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
TCDD
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
TCDD
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TCDD Lock Mass
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Standards
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 12-Jan-2017 08:09:35 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
TCDF
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Report Date: 12-Jan-2017 08:09:36 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

2,3,7,8-TCDF 29.74

Non-2,3,7,8-sub-TCDF 28.59
31.07

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

5

10

15

20

25

30

35

40

45

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

2,3,7,8-TCDF 29.72

30.34
27.28

TCDF Lock Mass
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Report Date: 12-Jan-2017 08:09:36 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
TCDF
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TCDF Interference Mass
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Report Date: 12-Jan-2017 08:09:36 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
PeCDD
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Report Date: 12-Jan-2017 08:09:36 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
PeCDD
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Report Date: 12-Jan-2017 08:09:36 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
PeCDF
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
PeCDF
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Report Date: 12-Jan-2017 08:09:36 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
PeCDF
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
HxCDD
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
HxCDD
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
HxCDF
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
HxCDF
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
HxCDF
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Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
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TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
HpCDD
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TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
HpCDF
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TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
HpCDF
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TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
HpCDF
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Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
OCDD

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377

OCDD 54.27

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348

OCDD 54.25

OCDD Standards

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F5:m/z     469.7780

13C-OCDD 54.25

54.70

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750

13C-OCDD 54.25
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Report Date: 12-Jan-2017 08:09:36 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
OCDD

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377

OCDD 54.27

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

5

10

15

20

25

30

35

40

45

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348

OCDD 54.25

OCDD Lock Mass

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 12-Jan-2017 08:09:36 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
OCDF

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428

OCDF 54.39

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399

OCDF 54.39

OCDF Standards

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

)

F5:m/z     453.7830

13C-OCDF 54.39

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
00

)

F5:m/z     455.7801

13C-OCDF 54.39
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Report Date: 12-Jan-2017 08:09:36 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
OCDF

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428

OCDF 54.39

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399

OCDF 54.39

OCDF Lock Mass

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 12-Jan-2017 08:09:36 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i4.d
Injection Date: 16-May-2014 17:29:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 5
Column Type: Column Dia:
OCDF

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428

OCDF 54.39

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399

OCDF 54.39

OCDF Interference Mass

53.0 53.4 53.8 54.2 54.6 55.0 55.4 55.8 56.2 56.6 57.0 57.4
Min

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

)

F5:m/z     513.6775 55.01

54.87 56.38

55.49
53.42
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10

TestAmerica Knoxville
Target Compound Quantitation Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Lims ID: IC L5                    
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 16-May-2014 18:31:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:74cs5 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Jan-2017 08:09:42 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK029

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:23:41

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 31.832   23916178 0.80   1.1733       196.5       196.5   0.1046   0.1046  98.23
A Non-2,3,7,8-sub-TCDD 30.308      20556 0.87   0.0000
S Total TCDD       196.5       196.5   0.1046   0.1046

  2,3,7,8-TCDF 29.771   35566472 0.79   1.0881       194.4       194.4   0.1061   0.1061  97.18
A Non-2,3,7,8-sub-TCDF 28.995     285679 0.84   0.0000
S Total TCDF       194.4       194.4   0.1061   0.1061

  1,2,3,7,8-PeCDD 41.009   97828013 1.59   1.0434      1000.1      1000.1   0.3428   0.3428    100
A Non-2,3,7,8-sub-PeCDD 39.915      0.0      0.0
S Total PeCDD      1000.1      1000.1   0.3428   0.3428

  1,2,3,7,8-PeCDF 39.288  172459555 1.60   1.1898      1017.5      1017.5    3.025    3.025    102
  2,3,4,7,8-PeCDF 40.493  162647050 1.60   1.1095      1026.5      1026.5    2.864    2.864    103
A Non-2,3,7,8-sub-PeCDF 38.623      0.0      0.0
S Total PeCDF      2043.9      2043.9    2.945    2.945

  1,2,3,4,7,8-HxCDD 45.245  125745795 1.26   1.1409       995.8       995.8    1.575    1.575  99.58
  1,2,3,6,7,8-HxCDD 45.363  129376084 1.27   1.1481       989.2       989.2    1.608    1.608  98.92
  1,2,3,7,8,9-HxCDD 45.751  139413717 1.26   1.2212      1016.6      1016.6    1.491    1.491    102
A Non-2,3,7,8-sub-HxCDD 44.687      0.0      0.0
S Total HxCDD      3001.6      3001.6    1.558    1.558

  1,2,3,4,7,8-HxCDF 44.199  205245281 1.25   1.3629      1028.0      1028.0    2.022    2.022    103
  1,2,3,6,7,8-HxCDF 44.334  230766405 1.25   1.2762       989.4       989.4    1.847    1.847  98.94
  2,3,4,6,7,8-HxCDF 45.059  207212834 1.25   1.2654      1013.7      1013.7    2.076    2.076    101
  1,2,3,7,8,9-HxCDF 46.038  192682603 1.26   1.2573      1002.8      1002.8    2.485    2.485    100
A Non-2,3,7,8-sub-HxCDF 44.552      0.0      0.0
S Total HxCDF      4033.9      4033.9    2.107    2.107

  1,2,3,4,6,7,8-HpCDD 50.192  114386892 1.05   1.1204       995.3       995.3    1.902    1.902  99.53
A Non-2,3,7,8-sub-HpCDD 49.566      0.0      0.0
S Total HpCDD       995.3       995.3    1.902    1.902

  1,2,3,4,6,7,8-HpCDF 48.471  196710947 1.03   1.4984       983.2       983.2    2.194    2.194  98.32
  1,2,3,4,7,8,9-HpCDF 50.816  160075574 1.04   1.3807      1006.3      1006.3    2.965    2.965    101
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

A Non-2,3,7,8-sub-HpCDF 49.625      0.0      0.0
S Total HpCDF      1989.5      1989.5    2.579    2.579

  OCDD 54.304  231071676 0.89   1.2073      2026.8      2026.8   0.8181   0.8181    101
  OCDF 54.442  328275681 0.90   1.1162      2062.9      2062.9   0.7552   0.7552    103
D 13C-2,3,7,8-TCDD 31.799   10375862 0.80   1.0709       102.1       102.1   0.2605   0.2605    102
D 13C-2,3,7,8-TCDF 29.721   16816585 0.79   1.7545       101.0       101.0   0.1119   0.1119    101
D 13C-1,2,3,7,8-PeCDD 40.992    9374768 1.62   0.8743       113.0       113.0   0.4333   0.4333    113
D 13C-1,2,3,7,8-PeCDF 39.271   14246063 1.59   1.3704       109.5       109.5   0.1736   0.1736    110
D 13C-2,3,4,7,8-PeCDF 40.476   14282105 1.62   1.3837       108.8       108.8   0.1720   0.1720    109
D 13C-1,2,3,4,7,8-HxCDD 45.228   11068991 1.26   0.8772        98.9        98.9   0.1314   0.1314  98.89
D 13C-1,2,3,6,7,8-HxCDD 45.346   11391028 1.28   0.9171        97.3        97.3   0.1256   0.1256  97.34
D 13C-1,2,3,4,7,8-HxCDF 44.182   14649659 0.54   1.1892        96.5        96.5   0.1158   0.1158  96.54
D 13C-1,2,3,6,7,8-HxCDF 44.317   18275058 0.54   1.4625        97.9        97.9   0.0942   0.0942  97.93
D 13C-2,3,4,6,7,8-HxCDF 45.042   16154097 0.53   1.3197        95.9        95.9   0.1043   0.1043  95.93
D 13C-1,2,3,7,8,9-HxCDF 46.021   15282343 0.54   1.2001        99.8        99.8   0.1147   0.1147  99.80
D 13C-1,2,3,4,6,7,8-HpCDD 50.175   10257853 1.05   0.8155        98.6        98.6   0.1427   0.1427  98.58
D 13C-1,2,3,4,6,7,8-HpCDF 48.454   13352459 0.46   1.0496        99.7        99.7   0.1096   0.1096  99.70
D 13C-1,2,3,4,7,8,9-HpCDF 50.799   11521506 0.46   0.8947       100.9       100.9   0.1286   0.1286    101
D 13C-OCDD 54.287   18887158 0.92   0.7044       210.1       210.1   0.0872   0.0872    105
D 13C-OCDF 54.425   28514559 0.90   1.0615       210.5       210.5   0.0642   0.0642    105
$ 37Cl4-2,3,7,8-TCDD 31.832   23452691   1.2266       201.5       201.5   0.0283   0.0283    101

* 13C-1,2,3,4-TCDD 31.267    9489667 0.81  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45.734   12759843 1.30    1E+05       100.0       100.0

Reagents:
61L51613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10

TestAmerica Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Lims ID: IC L5                    
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 16-May-2014 18:31:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:74cs5 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Jan-2017 08:09:42 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK029

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:23:41

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 31.832 31.838    0  1.001   10665390    1108150    219    547   5060
321.8936 31.849 31.838    1  1.002   13250788    1366893    303    757   4511  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDD

319.8965 28.708 30.308  -96       9544       1291    219    547      6
321.8936 28.741 30.308  -94      11012       1474    303    757      5  0.87(0.65-0.89)

2,3,7,8-TCDF
303.9016 29.771 29.760    1  1.002   15694011    1738934    454   1135   3830
305.8987 29.771 29.760    1  1.002   19872461    2216741    412   1030   5380  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 28.625 28.995  -22     130826      15367    454   1135     34
305.8987 28.641 28.995  -21     154853      16581    412   1030     40  0.84(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 41.009 41.015    0  1.000   60075873   14997294   1824   4560   8222
357.8516 41.009 41.015    0  1.000   37752140    9486986   1446   3615   6561  1.59(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 39.915    1824    4560
357.8516 39.915    1446    3615

1,2,3,7,8-PeCDF
339.8597 39.288 39.293    0  1.000  106202805   22324573  27008  67520    827
341.8567 39.288 39.293    0  1.000   66256750   14051069  15663  39157    897  1.60(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 40.493 40.499    0  1.000  100191913   24210618  27008  67520    896
341.8567 40.493 40.499    0  1.000   62455137   15041234  15663  39157    960  1.60(1.32-1.78)
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDF
339.8597 38.623   27008   67520
341.8567 38.623   15663   39157

1,2,3,4,7,8-HxCDD
389.8158 45.245 45.248    0  1.000   70196193   19067753  12408  31020   1537
391.8127 45.245 45.248    0  1.000   55549602   14654681   8468  21170   1731  1.26(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 45.363 45.366    0  1.000   72331523   18520681  12408  31020   1493
391.8127 45.363 45.366    0  1.000   57044561   14423769   8468  21170   1703  1.27(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45.751 45.754    0  1.012   77766034   18943593  12408  31020   1527
391.8127 45.751 45.754    0  1.012   61647683   15150297   8468  21170   1789  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8158 44.687   12408   31020
391.8127 44.687    8468   21170

1,2,3,4,7,8-HxCDF
373.8208 44.199 44.202    0  1.000  114161862   31685533  23050  57625   1375
375.8178 44.199 44.202    0  1.000   91083419   24447023  20666  51665   1183  1.25(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 44.334 44.337    0  1.000  128418736   33333661  23050  57625   1446
375.8178 44.317 44.337   -1  1.000  102347669   26127663  20666  51665   1264  1.25(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 45.059 45.063    0  1.000  115056569   30171058  23050  57625   1309
375.8178 45.059 45.063    0  1.000   92156265   24362204  20666  51665   1179  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDF
373.8208 46.038 46.024    1  1.000  107301541   25727683  23050  57625   1116
375.8178 46.021 46.024    0  1.000   85381062   19976892  20666  51665    967  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 44.552   23050   57625
375.8178 44.552   20666   51665

1,2,3,4,6,7,8-HpCDD
423.7767 50.192 50.178    1  1.000   58686063   11601434   8826  22065   1314
425.7737 50.175 50.178    0  1.000   55700829   11195120   8090  20225   1384  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7767 49.566    8826   22065
425.7737 49.566    8090   20225

1,2,3,4,6,7,8-HpCDF
407.7817 48.471 48.458    1  1.000  100031303   22111953  20119  50297   1099
409.7788 48.471 48.458    1  1.000   96679644   21209513  17872  44680   1187  1.03(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50.816 50.819    0  1.000   81724701   17482751  20119  50297    869
409.7788 50.816 50.819    0  1.000   78350873   16747345  17872  44680    937  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 49.625   20119   50297
409.7788 49.625   17872   44680
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDD
457.7377 54.304 54.290    1  1.000  108733609   27926856   5675  14187   4921
459.7348 54.304 54.290    1  1.000  122338067   31462370   3359   8397   9367  0.89(0.76-1.02)

OCDF
441.7428 54.442 54.428    1  1.000  155863517   41040943   7156  17890   5735
443.7399 54.442 54.428    1  1.000  172412164   44868657   4979  12447   9012  0.90(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 31.799 31.788    1  1.017    4607334     473651    592   1480    800
333.9338 31.782 31.788    0  1.016    5768528     589511    550   1375   1072  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 29.721 29.727    0  0.951    7427403     841116    547   1367   1538
317.9389 29.721 29.727    0  0.951    9389182    1034816    257    642   4027  0.79(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40.992 40.998    0  1.311    5796310    1417798   1141   2852   1243
369.8919 40.992 40.998    0  1.311    3578458     867632    410   1025   2116  1.62(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 39.271 39.276    0  1.256    8743681    1824863    607   1517   3006
353.8970 39.271 39.276    0  1.256    5502382    1138709    367    917   3103  1.59(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40.476 40.481    0  1.295    8822327    2063105    607   1517   3399
353.8970 40.476 40.481    0  1.295    5459778    1294562    367    917   3527  1.62(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 45.228 45.231    0  0.989    6164898    1616312    842   2105   1920
403.8529 45.228 45.231    0  0.989    4904093    1287517    532   1330   2420  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 45.346 45.350    0  0.992    6401259    1595923    842   2105   1895
403.8529 45.346 45.350    0  0.992    4989769    1231785    532   1330   2315  1.28(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 44.182 44.185    0  0.966    5120432    1381755    832   2080   1661
385.8610 44.182 44.185    0  0.966    9529227    2585041    810   2025   3191  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 44.317 44.320    0  0.969    6409287    1630605    832   2080   1960
385.8610 44.317 44.320    0  0.969   11865771    3006925    810   2025   3712  0.54(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 45.042 45.046    0  0.985    5600324    1449599    832   2080   1742
385.8610 45.042 45.046    0  0.985   10553773    2710750    810   2025   3347  0.53(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 46.021 46.007    1  1.006    5386117    1234214    832   2080   1483
385.8610 46.021 46.007    1  1.006    9896226    2263801    810   2025   2795  0.54(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 50.175 50.161    1  1.097    5249997    1019447      2      5 509724
437.8140 50.158 50.161    0  1.097    5007856     965323   1386   3465    696  1.05(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 48.454 48.441    1  1.059    4191950     918491    651   1627   1411
419.8220 48.454 48.441    1  1.059    9160509    1970766    721   1802   2733  0.46(0.51-0.37)
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Signal
RT

(min.)
Adj RT
(min.)

R
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50.799 50.786    1  1.111    3608112     723202    651   1627   1111
419.8220 50.799 50.786    1  1.111    7913394    1597054    721   1802   2215  0.46(0.37-0.51)

13C-OCDD
469.7780 54.287 54.290    0  1.187    9055141    2191452    401   1002   5465
471.7750 54.287 54.290    0  1.187    9832017    2381855    332    830   7174  0.92(0.76-1.02)

13C-OCDF
453.7830 54.425 54.428    0  1.190   13541954    3402498    327    817  10405
455.7801 54.425 54.428    0  1.190   14972605    3795875    485   1212   7827  0.90(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 31.832 31.838    0  1.018   23452691    2454284    142    355  17284

13C-1,2,3,4-TCDD
331.9368 31.267 31.273    0    4245924     455340    592   1480    769
333.9338 31.267 31.273    0    5243743     567990    550   1375   1033  0.81(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45.734 45.737    0    7200331    1668779    842   2105   1982
403.8529 45.734 45.737    0    5559512    1312385    532   1330   2467  1.30(1.05-1.43)

QC Flag Legend
Processing Flags
  n - Failed Sig-To-Noise Test
Reagents:
61L51613OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Lims ID: IC L5
Client ID:
Inject. Date: 16-May-2014 18:31:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 5
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 6
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDD, RT: 30.308

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

28.708              9544              1291             11012              1474 0.87 n
Signal Totals:

             9544              1291             11012              1474
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            20556              2765 0.87

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (20556 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
n - Failed Sig-To-Noise Test
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Lims ID: IC L5
Client ID:
Inject. Date: 16-May-2014 18:31:00 Dil. Factor: 1.0000     
Sample Type: IC, ICal Standard Calib Level: 5
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 6
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDF, RT: 28.995

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

28.625            130826             15367            154853             16581 0.84
Signal Totals:

           130826             15367            154853             16581
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           285679             31948 0.84

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (285679 * 0.0) / (0 * 0.000)
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F1:m/z     319.8965

2,3,7,8-TCDD 31.83

Non-2,3,7,8-sub-TCDD 28.71 32.46

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F1:m/z     321.8936

2,3,7,8-TCDD 31.85

Non-2,3,7,8-sub-TCDD 28.74
32.86

TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-2,3,7,8-TCDD 31.80

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-2,3,7,8-TCDD 31.78
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F1:m/z     319.8965

2,3,7,8-TCDD 31.83

Non-2,3,7,8-sub-TCDD 28.71 32.46

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F1:m/z     321.8936

2,3,7,8-TCDD 31.85

Non-2,3,7,8-sub-TCDD 28.74
32.86

TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD 31.83

37Cl4-TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-2,3,7,8-TCDD 31.80

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-2,3,7,8-TCDD 31.78
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

26

28

30

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD 31.83

37Cl4-TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

90

96

Y

F1:m/z     313.9834
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016

2,3,7,8-TCDF 29.77

27.30

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987

2,3,7,8-TCDF 29.77

Non-2,3,7,8-sub-TCDF 28.64

TCDF Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419

13C-2,3,7,8-TCDF 29.72

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389

13C-2,3,7,8-TCDF 29.72

31.27
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Report Date: 12-Jan-2017 08:09:43 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016

2,3,7,8-TCDF 29.77

27.30

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987

2,3,7,8-TCDF 29.77

Non-2,3,7,8-sub-TCDF 28.64

TCDF Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016

2,3,7,8-TCDF 29.77

27.30

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987

2,3,7,8-TCDF 29.77

Non-2,3,7,8-sub-TCDF 28.64

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

2

7

12

17

22

27

32

37

42

47

Y
 ( 

X
10

)

F1:m/z     375.8364 33.38

20.50 27.83

27.26
14.02

19.53
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
PeCDD

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F2:m/z     355.8546

1,2,3,7,8-PeCDD 41.01

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F2:m/z     357.8516

1,2,3,7,8-PeCDD 41.01

PeCDD Standards

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F2:m/z     367.8949

13C-1,2,3,7,8-PeCDD 40.99

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919

13C-1,2,3,7,8-PeCDD 40.99
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
PeCDD
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
PeCDF
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
PeCDF
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
PeCDF
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
HxCDD
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
HxCDD
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
HxCDF
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
HxCDF
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
HxCDF
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
HpCDD
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
HpCDD
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
HpCDF
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
HpCDF
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
HpCDF

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.47

1,2,3,4,7,8,9-HpCDF 50.82

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.47

1,2,3,4,7,8,9-HpCDF 50.82

HpCDF Interference Mass

47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1 52.6 53.1
Min

2

4

6

8

10

12

14

Y
 ( 

X
10

)

F4:m/z     479.7165
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
OCDD

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
00

0)

F5:m/z     457.7377

OCDD 54.30

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

0)

F5:m/z     459.7348

OCDD 54.30

OCDD Standards

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F5:m/z     469.7780

13C-OCDD 54.29

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750

13C-OCDD 54.29
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
OCDD

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
00

0)

F5:m/z     457.7377

OCDD 54.30

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
00

0)

F5:m/z     459.7348

OCDD 54.30

OCDD Lock Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428

OCDF 54.44

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399

OCDF 54.44

OCDF Standards

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
00

)

F5:m/z     453.7830

13C-OCDF 54.42

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F5:m/z     455.7801

13C-OCDF 54.42
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428

OCDF 54.44

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399

OCDF 54.44

OCDF Lock Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 12-Jan-2017 08:09:44 Chrom Revision: 2.2  10-Jan-2017 11:26:10
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d
Injection Date: 16-May-2014 18:31:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 6
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428

OCDF 54.44

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399

OCDF 54.44

OCDF Interference Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

)

F5:m/z     513.6775

56.6355.10
54.65 57.4256.94

55.29 56.04

53.53
54.55

53.67
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Knoxville 140-17578-1

ID: 0.32(mm)

WDM 140-7768/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): RTX-5

D2A

05/16/2014  10:23

ANALYTE RT RESOLUTION (%)

 31.852,3,7,8-TCDD 17

FORM VI 1613B
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
Resolution Report

TestAmerica Knoxville
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Instrument ID: D2A
Lims ID: WDM                      
Client ID:
Operator ID: DavidsonM ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDD

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  11408
H (Peak Height)  =  69250

%R =    17  <=     25
Passed

31.4 31.6 31.8 32.0 32.2 32.4 32.6
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

70

75

Y
 ( 

X
10

00
)

F1:m/z     319.8965

 31.846

V

H

Page 1871 of 2476



FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Knoxville 140-17578-1

ID: 0.25(mm)

CPS 140-29777/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB 225

D12C

05/03/2019  01:30

ANALYTE RT RESOLUTION (%)

 24.372,3,7,8-TCDF 6

FORM VI 1613B
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Report Date: 03-May-2019 13:46:04 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Resolution Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\d2190503w1.d
Injection Date: 03-May-2019 01:30:00 Instrument ID: D12C
Lims ID: CPS                      
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Column: DB225 ( 0.32 mm)
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDF

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  10162
H (Peak Height)  =  172526

%R =     6  <=     25
Passed

23.8 24.0 24.2 24.4 24.6 24.8 25.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

 24.352

V

H
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Knoxville 140-17578-1

ID: 0.32(mm)

WDMCCV 140-36126/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): RTX-5

D2A

12/17/2019  01:01

ANALYTE RT RESOLUTION (%)

 30.852,3,7,8-TCDD 17

FORM VI 1613B
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Resolution Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Instrument ID: D2A
Lims ID: WDMCCV                   
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Column:
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDD

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  11031
H (Peak Height)  =  65612

%R =    17  <=     25
Passed

30.4 30.6 30.8 31.0 31.2 31.4 31.6
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

70

Y
 ( 

X
10

00
)

F1:m/z     321.8936

 30.849

V

H
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Knoxville 140-17578-1

ID: 0.32(mm)

WDMCCV 140-36146/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): RTX-5

D2A

12/17/2019  12:34

ANALYTE RT RESOLUTION (%)

 30.822,3,7,8-TCDD 18

FORM VI 1613B
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Resolution Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Instrument ID: D2A
Lims ID: WDMCCV                   
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Column:
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDD

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  11504
H (Peak Height)  =  65811

%R =    18  <=     25
Passed

30.4 30.6 30.8 31.0 31.2 31.4 31.6
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

70

Y
 ( 

X
10

00
)

F1:m/z     321.8936

 30.822

V

H
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Knoxville 140-17578-1

ID: 0.32(mm)

WDMCCV 140-36166/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): RTX-5

D2A

12/18/2019  00:01

ANALYTE RT RESOLUTION (%)

 30.812,3,7,8-TCDD 19

FORM VI 1613B
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Resolution Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Instrument ID: D2A
Lims ID: WDMCCV                   
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Column:
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDD

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  5246
H (Peak Height)  =  27847

%R =    19  <=     25
Passed

30.3 30.5 30.7 30.9 31.1 31.3 31.5
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

26

28

30

Y
 ( 

X
10

00
)

F1:m/z     321.8936

 30.791

V

H
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Knoxville 140-17578-1

ID: 0.32(mm)

CPS 140-36167/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB225

D12C

12/18/2019  00:58

ANALYTE RT RESOLUTION (%)

 22.212,3,7,8-TCDF 8

FORM VI 1613B
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Report Date: 18-Dec-2019 02:02:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Resolution Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218w1.d
Injection Date: 18-Dec-2019 00:58:00 Instrument ID: D12C
Lims ID: CPS                      
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Column: DB225 ( 0.32 mm)
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDF

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  15697
H (Peak Height)  =  206793

%R =     8  <=     25
Passed

21.7 21.9 22.1 22.3 22.5 22.7 22.9
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

 22.212

V

H

Page 1881 of 2476



FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Knoxville 140-17578-1

ID: 0.32(mm)

CPS 140-36178/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB225

D12C

12/18/2019  11:19

ANALYTE RT RESOLUTION (%)

 22.222,3,7,8-TCDF 7

FORM VI 1613B
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Report Date: 18-Dec-2019 12:50:05 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Resolution Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218w2.d
Injection Date: 18-Dec-2019 11:19:00 Instrument ID: D12C
Lims ID: CPS                      
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Column: DB225 ( 0.32 mm)
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDF

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  10183
H (Peak Height)  =  151804

%R =     7  <=     25
Passed

21.7 21.9 22.1 22.3 22.5 22.7
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

 22.216

V

H
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.25(mm)

140-17578-1

D12C

05/03/2019  12:43

05/03/2019  02:43

05/03/2019  06:14

ICV 140-29777/17

DB 225

Eurofins TestAmerica, Knoxville

Lab File ID: icv_190503124322.d Conc. Units: pg/uL

ANALYTE CURVE CALC SPIKE %D MAX
TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

2,3,7,8-TCDD 1.2771.221 10.5 10.0 4.5 35.0AveID

2,3,7,8-TCDF 1.1001.110 9.91 10.0 -0.9 35.0AveID

13C-2,3,7,8-TCDD 0.93461.003 93.2 100 -6.8Ave

13C-2,3,7,8-TCDF 1.7301.619 107 100 6.8Ave

37Cl4-2,3,7,8-TCDD 1.1951.183 10.1 10.0 1.0Ave

FORM VII 1613B
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Report Date: 03-May-2019 13:49:17 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 03-May-2019 12:43:00 ALS Bottle#: 0 Worklist Smp#: 17
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-017
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist:

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:49:17 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 13:21:23

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 21:23    1548429 0.78   1.2213        10.5        10.5   0.1031   0.1031    105  a
  2,3,7,8-TCDF 24:20    2469360 0.80   1.1100       9.907       9.907   0.0390   0.0390  99.07  a
D 13C-2,3,7,8-TCDD 21:22   12129060 0.79   1.0031        93.2        93.2   0.1356   0.1356  93.17  a
D 13C-2,3,7,8-TCDF 24:17   22453548 0.80   1.6193       106.8       106.8   0.1881   0.1881    107  a
$ 37Cl4-2,3,7,8-TCDD 21:23    1550661   1.1834        10.1        10.1   0.0453   0.0453    101

* 13C-1,2,3,4-TCDD 21:56   12978248 0.81  1.6E+05       100.0       100.0

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
61CV1613OS_00005 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:49:17 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 03-May-2019 12:43:00 ALS Bottle#: 0 Worklist Smp#: 17
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0011646-017
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist:

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:49:17 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: reynoldk Date: 03-May-2019 13:21:23

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD a
319.8965 21:23 21:26   -2  1.001     679944      98718    416   1040    237 a
321.8936 21:23 21:26   -2  1.001     868485     124848    470   1175    266  0.78(0.65-0.89)

2,3,7,8-TCDF a
303.9016 24:20 24:22   -2  1.002    1100702     134204    255    637    526 a
305.8987 24:19 24:22   -3  1.001    1368658     167738    210    525    799  0.80(0.65-0.89)

13C-2,3,7,8-TCDD a
331.9368 21:22 21:24   -1  0.975    5360505     774582    481   1202   1610 a
333.9338 21:22 21:24   -1  0.975    6768555     984513    515   1287   1912  0.79(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 24:17 24:19   -2  1.107    9991897    1192526   1365   3412    874 a
317.9389 24:17 24:19   -2  1.107   12461651    1492860    866   2165   1724  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 21:23 21:26   -2  0.975    1550661     226462    393    982    576

13C-1,2,3,4-TCDD
331.9368 21:56 21:58   -2    5809635     827496    481   1202   1720
333.9338 21:54 21:58   -3    7168613    1003049    515   1287   1948  0.81(0.65-0.89)

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
61CV1613OS_00005 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:49:17 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 17
Column Type: DB225 Column Dia:  0.32 mm
TCDD

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F1:m/z     319.8965

16.96

31.672,3,7,8-TCDD
          21.38

9.57

27.8423.83

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F1:m/z     321.8936

16.96

31.672,3,7,8-TCDD
          21.389.56

23.1314.03 29.06

TCDD Standards

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

13

26

39

52

65

78

91

Y
 ( 

X
10

00
0)

F1:m/z     331.9368
13C-1,2,3,4-TCDD
          21.92

27.78

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     333.9338
13C-1,2,3,4-TCDD
          21.90

23.45

Page 1887 of 2476



Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 17
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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TCDD Lock Mass
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Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Instrument ID: D12C
Lims ID: ICV                      
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 17
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  21.42
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Manual Integration Results
RT:  21.38
Area: 679944
Amount:   10.452796
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 13:20:49
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Instrument ID: D12C
Lims ID: ICV                      
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 17
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.92
Area: 5813280
Amount:   99.718166
Amount Units: pg/ul
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Manual Integration Results
RT:  21.36
Area: 5360505
Amount:   93.167277
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 13:20:28
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 17
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 17
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Instrument ID: D12C
Lims ID: ICV                      
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 17
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  21.92
Area: 5813280
Amount:   99.718166
Amount Units: pg/ul
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Manual Integration Results
RT:  21.36
Area: 5360505
Amount:   93.167277
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 13:20:28
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 17
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Standards
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Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 17
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Lock Mass
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Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 17
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Instrument ID: D12C
Lims ID: ICV                      
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 17
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  21.29
Area: 9594
Amount:    0.089656
Amount Units: pg/ul
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Manual Integration Results
RT:  24.32
Area: 1100702
Amount:    9.907498
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 13:20:43
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 03-May-2019 13:49:18 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icv_190503124322.d
Injection Date: 03-May-2019 12:43:00 Instrument ID: D12C
Lims ID: ICV                      
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 17
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
RT:  21.24
Area: 54980
Amount:    0.559408
Amount Units: pg/ul
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Manual Integration Results
RT:  24.27
Area: 9991897
Amount:    106.8441
Amount Units: pg/ul
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Reviewer: reynoldk, 03-May-2019 13:20:36
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

140-17578-1

D12C

12/18/2019  01:51

05/03/2019  02:43

05/03/2019  06:14

CCV 140-36167/3

DB225

Eurofins TestAmerica, Knoxville

Lab File ID: d2191218s1.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDD AveID 1.221 1.077 8.82 10.0 88 78-129

2,3,7,8-TCDF AveID 1.110 1.080 9.73 10.0 97 84-120

13C-2,3,7,8-TCDD Ave 1.003 0.9821 97.9 100 98 82-121

13C-2,3,7,8-TCDF Ave 1.619 1.491 92.1 100 92 71-140

37Cl4-2,3,7,8-TCDD Ave 1.183 1.076 9.10 10.0 91 79-127

FORM VII 1613B

Page 1899 of 2476



Page 1900 of 2476



Page 1901 of 2476



Page 1902 of 2476



Page 1903 of 2476



Page 1904 of 2476



Page 1905 of 2476



Page 1906 of 2476



Page 1907 of 2476



Report Date: 18-Dec-2019 02:34:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218s1.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 18-Dec-2019 01:51:00 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-003
Misc. Info.: 140-0014071-003
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 02:34:42 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 02:34:42

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:43    1081133 0.79   1.2213       8.816       8.816   0.0461   0.0461  88.16
  2,3,7,8-TCDF 22:15    1646160 0.80   1.1100       9.731       9.731   0.0770   0.0770  97.31
D 13C-2,3,7,8-TCDD 19:42   10041510 0.78   1.0031        97.9        97.9   0.2883   0.2883  97.91
D 13C-2,3,7,8-TCDF 22:13   15240501 0.79   1.6193        92.1        92.1   0.1396   0.1396  92.05
$ 37Cl4-2,3,7,8-TCDD 19:43    1100512   1.1834       9.095       9.095   0.0268   0.0268  90.95

* 13C-1,2,3,4-TCDD 20:09   10224483 0.80  1.6E+05       100.0       100.0    100

Reagents:
61WDML3OP_F/L_00070 Amount Added:  20.00 Units: uL
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Report Date: 18-Dec-2019 02:34:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218s1.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 18-Dec-2019 01:51:00 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-003
Misc. Info.: 140-0014071-003
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 02:34:42 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 02:34:42

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:43 19:43    0  1.001     477943      76136    149    372    511
321.8936 19:44 19:43    1  1.002     603190      95199    200    500    476  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:15 22:15    0  1.002     731146      96792    383    957    253
305.8987 22:14 22:15   -1  1.001     915014     121474    312    780    389  0.80(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:42 19:42    0  0.977    4386061     686465    932   2330    737
333.9338 19:42 19:42    0  0.977    5655449     863765    933   2332    926  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:13 22:13    0  1.103    6744093     898864    753   1882   1194
317.9389 22:13 22:13    0  1.103    8496408    1133766    705   1762   1608  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:43 19:43    0  0.978    1100512     174744    205    512    852

13C-1,2,3,4-TCDD
331.9368 20:09 20:09    0    4545361     714392    932   2330    767
333.9338 20:09 20:09    0    5679122     897579    933   2332    962  0.80(0.65-0.89)

Reagents:
61WDML3OP_F/L_00070 Amount Added:  20.00 Units: uL
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Report Date: 18-Dec-2019 02:34:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
CCV Relative RT Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218s1.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 18-Dec-2019 01:51:00 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-003
Misc. Info.: 140-0014071-003
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 02:34:42 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 02:34:42

Start Cal Date: 03-May-2019 02:43:00
End Cal Date: 03-May-2019 06:14:00

Compound T/L
ICAL
RT

CCV
RT

Q RT
(secs)

RT
Lmt

ICAL
RRT

CCV
RRT

RRT
Limits

13C-1,2,3,4-TCDD 21:56 20:09 -106 1.000 1.000 0.000 - 0.000
13C-2,3,7,8-TCDD 21:21 19:42 -99 0.974 0.977 0.976 - 1.043
2,3,7,8-TCDD T 21:23 19:43 -100 1.002 1.001 0.999 - 1.003
37Cl4-2,3,7,8-TCDD 21:23 19:43 -100 0.975 *0.978 0.989 - 1.052
13C-2,3,7,8-TCDF 24:17 22:13 -123 1.107 1.103 0.923 - 1.103
2,3,7,8-TCDF 24:19 22:15 -123 1.001 1.002 0.999 - 1.003
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Report Date: 18-Dec-2019 02:34:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218s1.d
Injection Date: 18-Dec-2019 01:51:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36167 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
TCDD

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F1:m/z     319.8965

16.08

2,3,7,8-TCDD
          19.7120.16

25.02

29.3424.01 26.4822.23

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     321.8936

16.08

2,3,7,8-TCDD
          19.7220.16

25.02

23.98 29.3726.50

TCDD Standards

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F1:m/z     331.9368
13C-1,2,3,4-TCDD
          20.14

29.36

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F1:m/z     333.9338
13C-1,2,3,4-TCDD
          20.14

29.29
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Report Date: 18-Dec-2019 02:34:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218s1.d
Injection Date: 18-Dec-2019 01:51:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36167 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
TCDD

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F1:m/z     319.8965

16.08

2,3,7,8-TCDD
          19.7120.16

25.02

29.3424.01 26.4822.23

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     321.8936

16.08

2,3,7,8-TCDD
          19.7220.16

25.02

23.98 29.3726.50

TCDD Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 02:34:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218s1.d
Injection Date: 18-Dec-2019 01:51:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36167 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD
          19.71

18.25 20.1816.08

37Cl4-TCDD Standards

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-1,2,3,4-TCDD
          20.14

29.36

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

)

F1:m/z     333.9338

13C-1,2,3,4-TCDD
          20.14

29.29
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Report Date: 18-Dec-2019 02:34:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218s1.d
Injection Date: 18-Dec-2019 01:51:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36167 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD
          19.71

18.25 20.1816.08

37Cl4-TCDD Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

90

96

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 02:34:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218s1.d
Injection Date: 18-Dec-2019 01:51:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36167 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

15.10

2,3,7,8-TCDF
          22.25

26.53

21.1514.45

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

15.10

2,3,7,8-TCDF
          22.23

26.55

21.1717.52

TCDF Standards

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419
13C-2,3,7,8-TCDF
          22.21

26.4714.70 21.59

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389
13C-2,3,7,8-TCDF
          22.21

26.5022.6219.5714.70
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Report Date: 18-Dec-2019 02:34:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218s1.d
Injection Date: 18-Dec-2019 01:51:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36167 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

15.10

2,3,7,8-TCDF
          22.25

26.53

21.15
14.45

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

15.10

2,3,7,8-TCDF
          22.23

26.55

21.1717.52

TCDF Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 02:34:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218s1.d
Injection Date: 18-Dec-2019 01:51:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36167 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

15.10

2,3,7,8-TCDF
          22.25

26.53

21.15
14.45

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

15.10

2,3,7,8-TCDF
          22.23

26.55

21.1717.52

TCDF Interference Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

12

19

26

33

40

47

54

61

68

75

82

89

Y
 ( 

X
10

0)

F1:m/z     375.8364 15.8913.37

20.16
12.66 17.79 20.8321.19

19.57 25.52

21.98
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

140-17578-1

D12C

12/18/2019  12:11

05/03/2019  02:43

05/03/2019  06:14

CCV 140-36178/3

DB225

Eurofins TestAmerica, Knoxville

Lab File ID: d2191218s2.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDD AveID 1.221 1.068 8.74 10.0 87 78-129

2,3,7,8-TCDF AveID 1.110 1.087 9.79 10.0 98 84-120

13C-2,3,7,8-TCDD Ave 1.003 1.024 102 100 102 82-121

13C-2,3,7,8-TCDF Ave 1.619 1.475 91.1 100 91 71-140

37Cl4-2,3,7,8-TCDD Ave 1.183 1.127 9.53 10.0 95 79-127

FORM VII 1613B
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Report Date: 18-Dec-2019 12:49:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218s2.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 18-Dec-2019 12:11:00 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-003
Misc. Info.: 140-0014075-003
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 12:49:50 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 12:49:50

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:43     977221 0.79   1.2213       8.741       8.741   0.0395   0.0395  87.41
  2,3,7,8-TCDF 22:13    1433352 0.80   1.1100       9.792       9.792   0.0598   0.0598  97.92
D 13C-2,3,7,8-TCDD 19:41    9154230 0.79   1.0031       102.0       102.0   0.1695   0.1695    102
D 13C-2,3,7,8-TCDF 22:11   13187602 0.80   1.6193        91.1        91.1   0.1548   0.1548  91.07
$ 37Cl4-2,3,7,8-TCDD 19:43    1008147   1.1834       9.526       9.526   0.0191   0.0191  95.26

* 13C-1,2,3,4-TCDD 20:08    8942800 0.81  1.6E+05       100.0       100.0    100

Reagents:
61WDML3OP_F/L_00070 Amount Added:  20.00 Units: uL
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Report Date: 18-Dec-2019 12:49:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218s2.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 18-Dec-2019 12:11:00 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-003
Misc. Info.: 140-0014075-003
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 12:49:50 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 12:49:50

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 19:43 19:43    0  1.002     430959      70323    123    307    572
321.8936 19:43 19:43    0  1.002     546262      87175    151    377    577  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:13 22:13    0  1.002     636441      85232    165    412    517
305.8987 22:13 22:13    0  1.002     796911     106496    299    747    356  0.80(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19:41 19:41    0  0.977    4036381     629606    510   1275   1235
333.9338 19:41 19:41    0  0.977    5117849     791880    414   1035   1913  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:11 22:11    0  1.102    5849851     769071    772   1930    996
317.9389 22:11 22:11    0  1.102    7337751     977762    590   1475   1657  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:43 19:43    0  0.979    1008147     160080    123    307   1301

13C-1,2,3,4-TCDD
331.9368 20:08 20:08    0    3994222     614627    510   1275   1205
333.9338 20:07 20:08   -1    4948578     743697    414   1035   1796  0.81(0.65-0.89)

Reagents:
61WDML3OP_F/L_00070 Amount Added:  20.00 Units: uL
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Report Date: 18-Dec-2019 12:49:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
CCV Relative RT Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218s2.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 18-Dec-2019 12:11:00 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-003
Misc. Info.: 140-0014075-003
Operator ID: Xcalibur_System Instrument ID: D12C
Sublist: chrom-TCDD_TCDF_D12C*sub2

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 12:49:50 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 12:49:50

Start Cal Date: 03-May-2019 02:43:00
End Cal Date: 03-May-2019 06:14:00

Compound T/L
ICAL
RT

CCV
RT

Q RT
(secs)

RT
Lmt

ICAL
RRT

CCV
RRT

RRT
Limits

13C-1,2,3,4-TCDD 21:56 20:08 -107 1.000 1.000 0.000 - 0.000
13C-2,3,7,8-TCDD 21:21 19:41 -100 0.974 0.977 0.976 - 1.043
2,3,7,8-TCDD T 21:23 19:43 -100 1.002 1.002 0.999 - 1.003
37Cl4-2,3,7,8-TCDD 21:23 19:43 -100 0.975 *0.979 0.989 - 1.052
13C-2,3,7,8-TCDF 24:17 22:11 -125 1.107 1.102 0.923 - 1.103
2,3,7,8-TCDF 24:19 22:13 -125 1.001 1.002 0.999 - 1.003
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Report Date: 18-Dec-2019 12:49:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218s2.d
Injection Date: 18-Dec-2019 12:11:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36178 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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16.08

2,3,7,8-TCDD
          19.71

20.15

25.00

24.00 29.3126.4722.1816.83

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
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          19.71

20.15
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23.98 29.2926.45

TCDD Standards
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          19.67 13C-1,2,3,4-TCDD

          20.11

29.2720.50
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Report Date: 18-Dec-2019 12:49:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218s2.d
Injection Date: 18-Dec-2019 12:11:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36178 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
TCDD
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TCDD Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

9
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36
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Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 12:49:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218s2.d
Injection Date: 18-Dec-2019 12:11:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36178 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Standards
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F1:m/z     333.9338
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          19.67 13C-1,2,3,4-TCDD

          20.11

29.2720.50
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Report Date: 18-Dec-2019 12:49:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218s2.d
Injection Date: 18-Dec-2019 12:11:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36178 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
37Cl4-TCDD

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
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37Cl4-TCDD Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0
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24
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Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 12:49:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218s2.d
Injection Date: 18-Dec-2019 12:11:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36178 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 12:49:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218s2.d
Injection Date: 18-Dec-2019 12:11:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36178 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0
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Report Date: 18-Dec-2019 12:49:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218s2.d
Injection Date: 18-Dec-2019 12:11:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36178 Sample Line#: 3
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

140-17578-1

D2A

05/16/2014  20:36

05/16/2014  14:26

05/16/2014  18:31

ICV 140-7768/7

RTX-5

Eurofins TestAmerica, Knoxville

Lab File ID: d3140516ss.d Conc. Units: pg/uL

ANALYTE CURVE CALC SPIKE %D MAX
TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

2,3,7,8-TCDF 1.0691.088 9.82 10.0 -1.8 35.0AveID

2,3,7,8-TCDD 1.0881.173 9.27 10.0 -7.3 35.0AveID

1,2,3,7,8-PeCDF 1.0511.190 44.2 50.0 -11.6 35.0AveID

2,3,4,7,8-PeCDF 1.1061.109 49.8 50.0 -0.3 35.0AveID

1,2,3,7,8-PeCDD 1.0801.043 51.7 50.0 3.5 35.0AveID

1,2,3,4,7,8-HxCDF 1.2101.363 44.4 50.0 -11.2 35.0AveID

1,2,3,6,7,8-HxCDF 1.1781.276 46.1 50.0 -7.7 35.0AveID

2,3,4,6,7,8-HxCDF 1.1711.265 46.3 50.0 -7.5 35.0AveID

1,2,3,4,7,8-HxCDD 1.0811.141 47.4 50.0 -5.3 35.0AveID

1,2,3,6,7,8-HxCDD 1.0231.148 44.5 50.0 -10.9 35.0AveID

1,2,3,7,8,9-HxCDD 1.0751.221 44.0 50.0 -12.0 35.0AveID

1,2,3,7,8,9-HxCDF 1.1461.257 45.6 50.0 -8.9 35.0AveID

1,2,3,4,6,7,8-HpCDF 1.3711.498 45.7 50.0 -8.5 35.0AveID

1,2,3,4,6,7,8-HpCDD 1.0911.120 48.7 50.0 -2.6 35.0AveID

1,2,3,4,7,8,9-HpCDF 1.3561.381 49.1 50.0 -1.8 35.0AveID

OCDD 1.0961.207 90.7 100 -9.3 35.0AveID

OCDF 1.3021.116 117 100 16.7 35.0AveID

13C-2,3,7,8-TCDF 1.9541.755 111 100 11.4Ave

13C-2,3,7,8-TCDD 1.1631.071 109 100 8.6Ave

13C-1,2,3,7,8-PeCDF 1.4891.370 109 100 8.6Ave

13C-2,3,4,7,8-PeCDF 1.4441.384 104 100 4.3Ave

13C-1,2,3,7,8-PeCDD 0.83890.8743 96.0 100 -4.0Ave

13C-1,2,3,4,7,8-HxCDF 1.2601.189 106 100 6.0Ave

13C-1,2,3,6,7,8-HxCDF 1.5181.462 104 100 3.8Ave

13C-2,3,4,6,7,8-HxCDF 1.4021.320 106 100 6.2Ave

13C-1,2,3,4,7,8-HxCDD 0.91660.8772 104 100 4.5Ave

13C-1,2,3,6,7,8-HxCDD 1.0210.9171 111 100 11.4Ave

13C-1,2,3,7,8,9-HxCDF 1.2431.200 104 100 3.6Ave

13C-1,2,3,4,6,7,8-HpCDF 1.1351.050 108 100 8.1Ave

13C-1,2,3,4,6,7,8-HpCDD 0.80030.8155 98.1 100 -1.9Ave

13C-1,2,3,4,7,8,9-HpCDF 0.89040.8947 99.5 100 -0.5Ave

13C-OCDD 0.72740.7044 207 200 3.3Ave

13C-OCDF 0.84031.061 158 200 -20.8Ave

37Cl4-2,3,7,8-TCDD 1.2701.227 10.4 10.0 3.6Ave

FORM VII 1613B
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44

TestAmerica Knoxville
Target Compound Quantitation Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 16-May-2014 20:36:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:76 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist:

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 01-Feb-2017 12:30:10 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK012

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:32:47

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 31:53    1417873 0.79   1.1733       9.273       9.273   0.0556   0.0556  92.73
A Non-2,3,7,8-sub-TCDD 30:20      27238 0.77   0.0000  RQ
S Total TCDD       9.273       9.273   0.0556   0.0556  RQ

  2,3,7,8-TCDF 29:49    2340173 0.79   1.0881       9.823       9.823   0.0298   0.0298  98.23
A Non-2,3,7,8-sub-TCDF 28:61      61132 0.77   0.0000  RQ
S Total TCDF       9.823       9.823   0.0298   0.0298  RQ

  1,2,3,7,8-PeCDD 41:03    5075088 1.55   1.0434        51.7        51.7   0.0781   0.0781    103
A Non-2,3,7,8-sub-PeCDD 39:56      0.0      0.0
S Total PeCDD        51.7        51.7   0.0781   0.0781

  1,2,3,7,8-PeCDF 39:20    8772190 1.60   1.1898        44.2        44.2   0.3292   0.3292  88.37
  2,3,4,7,8-PeCDF 40:31    8947470 1.58   1.1095        49.8        49.8   0.3182   0.3182  99.70
A Non-2,3,7,8-sub-PeCDF 38:38     194618 1.55   0.0000  RQ
S Total PeCDF        94.0        94.0   0.3237   0.3237  RQ

  1,2,3,4,7,8-HxCDD 45:16    6434621 1.25   1.1409        47.4        47.4   0.1781   0.1781  94.72
  1,2,3,6,7,8-HxCDD 45:23    6785615 1.25   1.1481        44.5        44.5   0.1729   0.1729  89.06
  1,2,3,7,8,9-HxCDD 45:46    6765473 1.25   1.2212        44.0        44.0   0.1645   0.1645  88.00
A Non-2,3,7,8-sub-HxCDD 44:42    6077453 1.07   0.0000
S Total HxCDD       135.9       135.9   0.1718   0.1718

  1,2,3,4,7,8-HxCDF 44:13    9905457 1.24   1.3629        44.4        44.4   0.1276   0.1276  88.77
  1,2,3,6,7,8-HxCDF 44:21   11612537 1.25   1.2762        46.1        46.1   0.1262   0.1262  92.27
  2,3,4,6,7,8-HxCDF 45:05   10663021 1.25   1.2654        46.3        46.3   0.1363   0.1363  92.51
  1,2,3,7,8,9-HxCDF 46:04    9252844 1.24   1.2573        45.6        45.6   0.1802   0.1802  91.12
A Non-2,3,7,8-sub-HxCDF 44:34      0.0      0.0
S Total HxCDF       182.3       182.3   0.1426   0.1426

  1,2,3,4,6,7,8-HpCDD 50:12    5673345 1.05   1.1204        48.7        48.7   0.2370   0.2370  97.39
A Non-2,3,7,8-sub-HpCDD 49:35      43311 1.01   0.0000
S Total HpCDD        48.7        48.7   0.2370   0.2370

  1,2,3,4,6,7,8-HpCDF 48:30   10105566 1.06   1.4984        45.7        45.7   0.1492   0.1492  91.47
  1,2,3,4,7,8,9-HpCDF 50:50    7845196 1.05   1.3807        49.1        49.1   0.2145   0.2145  98.23
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

A Non-2,3,7,8-sub-HpCDF 49:39      0.0      0.0
S Total HpCDF        94.9        94.9   0.1818   0.1818

  OCDD 54:20   10353088 0.91   1.2073        90.7        90.7   0.1168   0.1168  90.74
  OCDF 54:27   14219371 0.91   1.1162       116.7       116.7   0.1569   0.1569    117
D 13C-2,3,7,8-TCDD 31:49   13031572 0.81   1.0709       108.6       108.6   0.2879   0.2879    109
D 13C-2,3,7,8-TCDF 29:46   21894242 0.80   1.7545       111.4       111.4   0.3328   0.3328    111
D 13C-1,2,3,7,8-PeCDD 40:61    9401272 1.59   0.8743        96.0        96.0   0.3372   0.3372  95.95
D 13C-1,2,3,7,8-PeCDF 39:17   16685645 1.58   1.3704       108.6       108.6   0.5610   0.5610    109
D 13C-2,3,4,7,8-PeCDF 40:30   16178636 1.60   1.3837       104.3       104.3   0.5556   0.5556    104
D 13C-1,2,3,4,7,8-HxCDD 45:15   11909770 1.26   0.8772       104.5       104.5   0.1864   0.1864    104
D 13C-1,2,3,6,7,8-HxCDD 45:22   13272005 1.28   0.9171       111.4       111.4   0.1783   0.1783    111
D 13C-1,2,3,4,7,8-HxCDF 44:12   16374250 0.52   1.1892       106.0       106.0   0.1201   0.1201    106
D 13C-1,2,3,6,7,8-HxCDF 44:20   19722109 0.52   1.4625       103.8       103.8   0.0977   0.0977    104
D 13C-2,3,4,6,7,8-HxCDF 45:04   18217439 0.53   1.3197       106.2       106.2   0.1082   0.1082    106
D 13C-1,2,3,7,8,9-HxCDF 46:03   16152585 0.52   1.2001       103.6       103.6   0.1190   0.1190    104
D 13C-1,2,3,4,6,7,8-HpCDD 50:11   10398852 1.09   0.8155        98.1        98.1   0.0233   0.0233  98.14
D 13C-1,2,3,4,6,7,8-HpCDF 48:28   14746195 0.45   1.0496       108.1       108.1   0.1265   0.1265    108
D 13C-1,2,3,4,7,8,9-HpCDF 50:49   11568712 0.47   0.8947        99.5        99.5   0.1484   0.1484  99.51
D 13C-OCDD 54:18   18901029 0.92   0.7044       206.5       206.5   0.1411   0.1411    103
D 13C-OCDF 54:27   21836911 0.89   1.0615       158.3       158.3   0.0854   0.0854  79.17
$ 37Cl4-2,3,7,8-TCDD 31:53    1423356   1.2266        10.4        10.4   0.0168   0.0168    104

* 13C-1,2,3,4-TCDD 31:18   11206563 0.82  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:45   12993023 1.26    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
61CV1613OS_00005 Amount Added:  20.00 Units: uL
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44

TestAmerica Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 16-May-2014 20:36:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:76 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A
Sublist:

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 01-Feb-2017 12:30:10 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK012

First Level Reviewer: davidsonm Date: 11-Jan-2017 16:32:47

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 31:53 31:53    0  1.002     625068      60444    179    447    338
321.8936 31:53 31:53    0  1.002     792805      81677    166    415    492  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQ

319.8965 31:36 30:20   77      14371       1924    179    447     11
321.8936 31:38 30:20   79      15389       2519    166    415     15  0.93(0.65-0.89)

2,3,7,8-TCDF
303.9016 29:49 29:49    0  1.002    1031334     108919    158    395    689
305.8987 29:49 29:49    0  1.002    1308839     141742    155    387    914  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQ

303.9016 27:53 28:61  -68       9888       1534    158    395     10
305.8987 27:55 28:61  -66      12672       2036    155    387     13  0.78(0.65-0.89)

303.9016 34:42 28:61  340      16780       2164    158    395     14
305.8987 34:43 28:61  341     115682       4841    155    387     31  0.15(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 41:03 41:03    0  1.001    3087321     702702    295    737   2382
357.8516 41:02 41:03   -1  1.000    1987767     465184    422   1055   1102  1.55(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 39:56     295     737
357.8516 39:56     422    1055

1,2,3,7,8-PeCDF
339.8597 39:20 39:20    0  1.001    5404007    1115966   2501   6252    446
341.8567 39:20 39:20    0  1.001    3368183     689033   2774   6935    248  1.60(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 40:31 40:31    0  1.000    5473120    1239165   2501   6252    495
341.8567 40:31 40:31    0  1.000    3474350     799162   2774   6935    288  1.58(1.32-1.78)
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDF RQ

339.8597 39:50 38:38   71     138716      26751   2501   6252     11
341.8567 39:50 38:38   71      76321      15381   2774   6935      6  1.82(1.32-1.78)

1,2,3,4,7,8-HxCDD
389.8158 45:16 45:16    0  1.000    3579248     927964   1313   3282    707
391.8127 45:16 45:16    0  1.000    2855373     725887   1200   3000    605  1.25(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 45:23 45:23    0  1.000    3774978     909011   1313   3282    692
391.8127 45:23 45:23    0  1.000    3010637     734850   1200   3000    612  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:46 45:46    0  1.012    3754712     862716   1313   3282    657
391.8127 45:46 45:46    0  1.012    3010761     693378   1200   3000    578  1.25(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD

389.8158 44:38 44:42   -5    3139465     355478   1313   3282    271
391.8127 44:38 44:42   -5    2937988     346912   1200   3000    289  1.07(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 44:13 44:13    0  1.000    5487400    1497391   1821   4552    822
375.8178 44:13 44:13    0  1.000    4418057    1193324   1292   3230    924  1.24(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 44:21 44:21    0  1.000    6453112    1603982   1821   4552    881
375.8178 44:21 44:21    0  1.000    5159425    1253054   1292   3230    970  1.25(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 45:05 45:05    0  1.000    5919412    1461157   1821   4552    802
375.8178 45:05 45:05    0  1.000    4743609    1190672   1292   3230    922  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDF
373.8208 46:04 46:04    0  1.000    5114596    1110954   1821   4552    610
375.8178 46:03 46:04   -1  1.000    4138248     899907   1292   3230    697  1.24(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 44:34    1821    4552
375.8178 44:34    1292    3230

1,2,3,4,6,7,8-HpCDD
423.7767 50:12 50:12    0  1.000    2908005     549724    901   2252    610
425.7737 50:12 50:12    0  1.000    2765340     524474   1173   2932    447  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 48:59 49:35  -36      21729       5130    901   2252      6
425.7737 48:60 49:35  -35      21582       5123   1173   2932      4  1.01(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 48:30 48:30    0  1.001    5205525    1048507   1360   3400    771
409.7788 48:29 48:30   -1  1.000    4900041     996621   1290   3225    773  1.06(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50:50 50:50    0  1.000    4012075     797853   1360   3400    587
409.7788 50:50 50:50    0  1.000    3833121     754937   1290   3225    585  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 49:39    1360    3400
409.7788 49:39    1290    3225
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDD
457.7377 54:20 54:20    0  1.000    4936199    1099344    554   1385   1984
459.7348 54:18 54:20   -1  1.000    5416889    1240830    651   1627   1906  0.91(0.76-1.02)

OCDF
441.7428 54:27 54:27    0  1.000    6768152    1570191    718   1795   2187
443.7399 54:27 54:27    0  1.000    7451219    1761771   1059   2647   1664  0.91(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 31:49 31:50    0  1.016    5815191     584676    597   1492    979
333.9338 31:50 31:50    0  1.017    7216381     737228    843   2107    875  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 29:46 29:45    0  0.951    9740010    1056104   1458   3645    724
317.9389 29:46 29:45    0  0.951   12154232    1352506   1269   3172   1066  0.80(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:61 40:60    0  1.310    5770571    1350495    883   2207   1529
369.8919 40:61 40:60    0  1.310    3630701     849050    494   1235   1719  1.59(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 39:17 39:17    0  1.255   10209440    2060178   1791   4477   1150
353.8970 39:17 39:17    0  1.255    6476205    1306438   1800   4500    726  1.58(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:30 40:29    0  1.294    9958166    2298930   1791   4477   1284
353.8970 40:30 40:29    0  1.294    6220470    1436425   1800   4500    798  1.60(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 45:15 45:14    1  0.989    6640939    1716989   1276   3190   1346
403.8529 45:15 45:14    1  0.989    5268831    1375213    660   1650   2084  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 45:22 45:21    1  0.992    7448022    1763686   1276   3190   1382
403.8529 45:22 45:21    1  0.992    5823983    1400199    660   1650   2122  1.28(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 44:12 44:11    1  0.966    5572913    1526862    563   1407   2712
385.8610 44:12 44:11    1  0.966   10801337    2947711   1128   2820   2613  0.52(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 44:20 44:19    1  0.969    6720563    1680247    563   1407   2984
385.8610 44:20 44:19    1  0.969   13001546    3153048   1128   2820   2795  0.52(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 45:04 45:03    0  0.985    6334059    1563970    563   1407   2778
385.8610 45:04 45:03    0  0.985   11883380    2946859   1128   2820   2612  0.53(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 46:03 46:01    1  1.006    5526618    1177745    563   1407   2092
385.8610 46:01 46:01    0  1.006   10625967    2256210   1128   2820   2000  0.52(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 50:11 50:09    1  1.097    5427250    1008813    153    382   6594
437.8140 50:11 50:09    1  1.097    4971602     943619     72    180  13106  1.09(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 48:28 48:27    0  1.059    4588031     915667    791   1977   1158
419.8220 48:28 48:27    0  1.059   10158164    2048687    781   1952   2623  0.45(0.51-0.37)
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:49 50:48    1  1.111    3700112     716176    791   1977    905
419.8220 50:49 50:48    1  1.111    7868600    1520419    781   1952   1947  0.47(0.37-0.51)

13C-OCDD
469.7780 54:18 54:17    1  1.187    9058974    2055731    645   1612   3187
471.7750 54:18 54:17    1  1.187    9842055    2215791    532   1330   4165  0.92(0.76-1.02)

13C-OCDF
453.7830 54:27 54:26    1  1.190   10295647    2421522    579   1447   4182
455.7801 54:27 54:26    1  1.190   11541264    2651395    494   1235   5367  0.89(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 31:53 31:53    0  1.019    1423356     147302     96    240   1534

13C-1,2,3,4-TCDD
331.9368 31:18 31:18    0    5037847     530028    597   1492    888
333.9338 31:18 31:18    0    6168716     637618    843   2107    756  0.82(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:45 45:45    0    7238094    1648269   1276   3190   1292
403.8529 45:45 45:45    0    5754929    1311453    660   1650   1987  1.26(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
Reagents:
61CV1613OS_00005 Amount Added:  20.00 Units: uL
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Lims ID: ICV
Client ID:
Inject. Date: 16-May-2014 20:36:00 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 7
Sublist:

Non-2,3,7,8-sub-TCDD, RT: 30.308

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

31:36             14371              1924             15389              2519 0.93 R
Signal Totals:

            14371              1924             15389              2519
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            29760              4443 0.93 RQ
            27238              4458 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (29760 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (27238 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Lims ID: ICV
Client ID:
Inject. Date: 16-May-2014 20:36:00 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 7
Sublist:

Non-2,3,7,8-sub-TCDF, RT: 28.995

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

27:53              9888              1534             12672              2036 0.78 n
34:42             16780              2164            115682              4841 0.15 R
Signal Totals:

            26668              3698            128354              6877
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           155022             10575 0.21 RQ
            61132              8544 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (155022 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (61132 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Lims ID: ICV
Client ID:
Inject. Date: 16-May-2014 20:36:00 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 7
Sublist:

Non-2,3,7,8-sub-PeCDF, RT: 38.623

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

39:50            138716             26751             76321             15381 1.82 Rn
Signal Totals:

           138716             26751             76321             15381
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           215037             42132 1.82 RQ
           194618             39221 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (215037 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (194618 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Lims ID: ICV
Client ID:
Inject. Date: 16-May-2014 20:36:00 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 7
Sublist:

Non-2,3,7,8-sub-HxCDD, RT: 44.687

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

44:38           3139465            355478           2937988            346912 1.07
Signal Totals:

          3139465            355478           2937988            346912
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          6077453            702390 1.07

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (6077453 * 0.0) / (0 * 0.000)
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Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Lims ID: ICV
Client ID:
Inject. Date: 16-May-2014 20:36:00 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 7
Sublist:

Non-2,3,7,8-sub-HpCDD, RT: 49.566

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:59             21729              5130             21582              5123 1.01 n
Signal Totals:

            21729              5130             21582              5123
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            43311             10253 1.01

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (43311 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
n - Failed Sig-To-Noise Test

Page 1948 of 2476



Report Date: 01-Feb-2017 12:30:13 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min
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63

72

Y
 ( 

X
10

00
)

F1:m/z     319.8965

2,3,7,8-TCDD 31.87

23.21
23.73

29.74

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
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Y
 ( 

X
10

00
)

F1:m/z     321.8936

2,3,7,8-TCDD 31.87

23.18
Non-2,3,7,8-sub-TCDD 31.6223.74

12.59

TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0
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Y
 ( 

X
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00
0)

F1:m/z     331.9368

13C-2,3,7,8-TCDD 31.80

13C-1,2,3,4-TCDD 31.29

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

11

22

33

44

55

66

77

88

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-2,3,7,8-TCDD 31.82

13C-1,2,3,4-TCDD 31.29

32.97
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
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Y
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F1:m/z     319.8965

2,3,7,8-TCDD 31.87

23.21
23.73

29.74
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Min

0

9

18

27

36

45

54

63

72

81

90

99

Y
 ( 

X
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F1:m/z     321.8936

2,3,7,8-TCDD 31.87

23.18
Non-2,3,7,8-sub-TCDD 31.6223.74

12.59

TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0
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Y

F1:m/z     313.9834
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min
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F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD 31.87

32.24

37Cl4-TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min
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F1:m/z     331.9368

13C-2,3,7,8-TCDD 31.80

13C-1,2,3,4-TCDD 31.29
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F1:m/z     333.9338

13C-2,3,7,8-TCDD 31.82

13C-1,2,3,4-TCDD 31.29

32.97
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
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F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD 31.87

32.24

37Cl4-TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min
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Y

F1:m/z     313.9834
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
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F1:m/z     303.9016

2,3,7,8-TCDF 29.79

Non-2,3,7,8-sub-TCDF 34.68
34.81Non-2,3,7,8-sub-TCDF 27.87

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
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F1:m/z     305.8987

2,3,7,8-TCDF 29.79

Non-2,3,7,8-sub-TCDF 34.70
Non-2,3,7,8-sub-TCDF 27.90

TCDF Standards
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13C-2,3,7,8-TCDF 29.74

25.07 30.96
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min
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F1:m/z     303.9016

2,3,7,8-TCDF 29.79

Non-2,3,7,8-sub-TCDF 34.68
34.81Non-2,3,7,8-sub-TCDF 27.87
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F1:m/z     305.8987

2,3,7,8-TCDF 29.79

Non-2,3,7,8-sub-TCDF 34.70
Non-2,3,7,8-sub-TCDF 27.90

TCDF Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min
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Y

F1:m/z     313.9834
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
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F1:m/z     303.9016

2,3,7,8-TCDF 29.79

Non-2,3,7,8-sub-TCDF 34.68
34.81Non-2,3,7,8-sub-TCDF 27.87

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
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F1:m/z     305.8987

2,3,7,8-TCDF 29.79

Non-2,3,7,8-sub-TCDF 34.70
Non-2,3,7,8-sub-TCDF 27.90

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min
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33.88
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
PeCDD
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PeCDD Standards
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13C-1,2,3,7,8-PeCDD 41.00
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
PeCDD
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Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
0)
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PeCDD Lock Mass
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
PeCDF
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F2:m/z     339.8597
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PeCDF Standards

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

4
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Y
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X
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00
00

)

F2:m/z     351.9000

13C-2,3,4,7,8-PeCDF 40.48

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
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F2:m/z     353.8970

13C-2,3,4,7,8-PeCDF 40.48
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
PeCDF

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597

2,3,4,7,8-PeCDF 40.50

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

9

18

27

36

45

54

63

72

81

90

Y
 ( 

X
10

00
0)

F2:m/z     341.8567

2,3,4,7,8-PeCDF 40.50

1,2,3,7,8-PeCDF 39.31

PeCDF Lock Mass

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

9

18

27

36

45

54
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72

81
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99

Y

F2:m/z     313.9834
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
PeCDF

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597

2,3,4,7,8-PeCDF 40.50

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

9

18

27

36

45

54

63

72

81

90

Y
 ( 

X
10

00
0)

F2:m/z     341.8567

2,3,4,7,8-PeCDF 40.50

1,2,3,7,8-PeCDF 39.31

PeCDF Interference Mass

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

0)

F2:m/z     409.7974 41.86

37.24

40.38
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
HxCDD

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     389.8158

1,2,3,4,7,8-HxCDD 45.25

1,2,3,7,8,9-HxCDD 45.76

Non-2,3,7,8-sub-HxCDD 44.61

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

11

22

33

44

55

66

77

88

Y
 ( 

X
10

00
0)

F3:m/z     391.8127

1,2,3,6,7,8-HxCDD 45.37
1,2,3,7,8,9-HxCDD 45.76

Non-2,3,7,8-sub-HxCDD 44.61

HxCDD Standards

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559

13C-1,2,3,6,7,8-HxCDD 45.35
13C-1,2,3,7,8,9-HxCDD 45.74

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F3:m/z     403.8529

13C-1,2,3,6,7,8-HxCDD 45.35
13C-1,2,3,7,8,9-HxCDD 45.74
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
HxCDD

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     389.8158

1,2,3,4,7,8-HxCDD 45.25

1,2,3,7,8,9-HxCDD 45.76

Non-2,3,7,8-sub-HxCDD 44.61

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
0)

F3:m/z     391.8127

1,2,3,6,7,8-HxCDD 45.37

1,2,3,7,8,9-HxCDD 45.76

Non-2,3,7,8-sub-HxCDD 44.61

HxCDD Lock Mass

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
HxCDF

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208

1,2,3,6,7,8-HxCDF 44.34

1,2,3,7,8,9-HxCDF 46.04

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0
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6
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Y
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X
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00
00

)

F3:m/z     375.8178

1,2,3,6,7,8-HxCDF 44.34

1,2,3,7,8,9-HxCDF 46.03

HxCDF Standards

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639

13C-1,2,3,6,7,8-HxCDF 44.32

13C-2,3,4,6,7,8-HxCDF 45.0513C-1,2,3,4,7,8-HxCDF 44.19
13C-1,2,3,7,8,9-HxCDF 46.03

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

5

10

15

20
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30

35

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610

13C-1,2,3,6,7,8-HxCDF 44.32
13C-2,3,4,6,7,8-HxCDF 45.05
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Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
HxCDF

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208

1,2,3,6,7,8-HxCDF 44.34

1,2,3,4,7,8-HxCDF 44.20

1,2,3,7,8,9-HxCDF 46.04

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178

1,2,3,6,7,8-HxCDF 44.34

1,2,3,7,8,9-HxCDF 46.03

HxCDF Lock Mass

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802

Page 1964 of 2476



Report Date: 01-Feb-2017 12:30:14 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
HxCDF

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208

1,2,3,6,7,8-HxCDF 44.34

1,2,3,4,7,8-HxCDF 44.20

1,2,3,7,8,9-HxCDF 46.04

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178

1,2,3,6,7,8-HxCDF 44.34

1,2,3,7,8,9-HxCDF 46.03

HxCDF Interference Mass

42.6 43.0 43.4 43.8 44.2 44.6 45.0 45.4 45.8 46.2 46.6 47.0 47.4
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

0)

F3:m/z     445.7555 44.61
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Report Date: 01-Feb-2017 12:30:15 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
HpCDD

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F4:m/z     423.7767

1,2,3,4,6,7,8-HpCDD 50.18

Non-2,3,7,8-sub-HpCDD 48.97

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

8

16

24
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40

48

56

Y
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X
10

00
0)

F4:m/z     425.7737

1,2,3,4,6,7,8-HpCDD 50.18

Non-2,3,7,8-sub-HpCDD 48.98

HpCDD Standards

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169

13C-1,2,3,4,6,7,8-HpCDD 50.16

48.95 50.60

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
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6
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Y
 ( 

X
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00
00

)

F4:m/z     437.8140

13C-1,2,3,4,6,7,8-HpCDD 50.16

48.95 50.48
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Report Date: 01-Feb-2017 12:30:15 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
HpCDD

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
0)

F4:m/z     423.7767

1,2,3,4,6,7,8-HpCDD 50.18

Non-2,3,7,8-sub-HpCDD 48.97

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F4:m/z     425.7737

1,2,3,4,6,7,8-HpCDD 50.18

Non-2,3,7,8-sub-HpCDD 48.98

HpCDD Lock Mass

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 01-Feb-2017 12:30:15 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
HpCDF

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.48

1,2,3,4,7,8,9-HpCDF 50.82

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.82

HpCDF Standards

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     417.8250

13C-1,2,3,4,6,7,8-HpCDF 48.44

13C-1,2,3,4,7,8,9-HpCDF 50.80

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

4

8

12

16

20
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Y
 ( 

X
10

00
00

)

F4:m/z     419.8220

13C-1,2,3,4,6,7,8-HpCDF 48.44

13C-1,2,3,4,7,8,9-HpCDF 50.80
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Report Date: 01-Feb-2017 12:30:15 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
HpCDF

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.48

1,2,3,4,7,8,9-HpCDF 50.82

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.82

HpCDF Lock Mass

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 01-Feb-2017 12:30:15 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
HpCDF

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.48

1,2,3,4,7,8,9-HpCDF 50.82

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.46

1,2,3,4,7,8,9-HpCDF 50.82

HpCDF Interference Mass

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

2

3

4

5

6

7

8

9

10

11

12

13

Y
 ( 

X
10

)

F4:m/z     479.7165 50.23
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Report Date: 01-Feb-2017 12:30:15 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
OCDD

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

2

4

6

8

10

12

14

Y
 ( 
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F5:m/z     457.7377

OCDD 54.31
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F5:m/z     459.7348

OCDD 54.29

OCDD Standards

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
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F5:m/z     469.7780

13C-OCDD 54.29

54.74
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F5:m/z     471.7750

13C-OCDD 54.29
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Report Date: 01-Feb-2017 12:30:15 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
OCDD

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min
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Y
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00
00

)

F5:m/z     457.7377

OCDD 54.31

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
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F5:m/z     459.7348

OCDD 54.29

OCDD Lock Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 01-Feb-2017 12:30:15 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min
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)

F5:m/z     441.7428

OCDF 54.43
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)

F5:m/z     443.7399

OCDF 54.43

OCDF Standards

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0
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X
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00

)

F5:m/z     453.7830

13C-OCDF 54.43

54.76
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F5:m/z     455.7801

13C-OCDF 54.43
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Report Date: 01-Feb-2017 12:30:15 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0
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Y
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X
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00
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)

F5:m/z     441.7428

OCDF 54.43

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min
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)

F5:m/z     443.7399

OCDF 54.43

OCDF Lock Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 01-Feb-2017 12:30:15 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516ss.d
Injection Date: 16-May-2014 20:36:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 7
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min
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)

F5:m/z     441.7428

OCDF 54.43

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
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)

F5:m/z     443.7399

OCDF 54.43

OCDF Interference Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min
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)

F5:m/z     513.6775 56.91

53.19
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

140-17578-1

D2A

12/17/2019  01:01

05/16/2014  14:26

05/16/2014  18:31

WDMCCV 140-36126/1

RTX-5

Eurofins TestAmerica, Knoxville

Lab File ID: d3191217s1.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDF AveID 1.088 1.106 10.2 10.0 102 84-120

2,3,7,8-TCDD AveID 1.173 1.167 9.95 10.0 99 78-129

1,2,3,7,8-PeCDF AveID 1.190 1.181 49.6 50.0 99 82-120

2,3,4,7,8-PeCDF AveID 1.109 1.101 49.6 50.0 99 82-122

1,2,3,7,8-PeCDD AveID 1.043 1.056 50.6 50.0 101 78-130

1,2,3,4,7,8-HxCDF AveID 1.363 1.371 50.3 50.0 101 90-112

1,2,3,6,7,8-HxCDF AveID 1.276 1.256 49.2 50.0 98 88-114

2,3,4,6,7,8-HxCDF AveID 1.265 1.261 49.8 50.0 100 88-114

1,2,3,4,7,8-HxCDD AveID 1.141 1.134 49.7 50.0 99 78-128

1,2,3,6,7,8-HxCDD AveID 1.148 1.179 51.3 50.0 103 78-128

1,2,3,7,8,9-HxCDD AveID 1.221 1.259 51.5 50.0 103 82-122

1,2,3,7,8,9-HxCDF AveID 1.257 1.178 46.8 50.0 94 90-112

1,2,3,4,6,7,8-HpCDF AveID 1.498 1.523 50.8 50.0 102 90-110

1,2,3,4,6,7,8-HpCDD AveID 1.120 1.140 50.9 50.0 102 86-116

1,2,3,4,7,8,9-HpCDF AveID 1.381 1.480 53.6 50.0 107 86-116

OCDD AveID 1.207 1.255 104 100 104 79-126

OCDF AveID 1.116 1.031 92.3 100 92 63-159

13C-2,3,7,8-TCDF Ave 1.755 1.664 94.8 100 95 71-140

13C-2,3,7,8-TCDD Ave 1.071 1.045 97.6 100 98 82-121

13C-1,2,3,7,8-PeCDF Ave 1.370 1.326 96.8 100 97 76-130

13C-2,3,4,7,8-PeCDF Ave 1.384 1.378 99.6 100 100 77-130

13C-1,2,3,7,8-PeCDD Ave 0.8743 0.8666 99.1 100 99 62-160

13C-1,2,3,4,7,8-HxCDF Ave 1.189 1.204 101 100 101 76-131

13C-1,2,3,6,7,8-HxCDF Ave 1.462 1.460 99.8 100 100 70-143

13C-2,3,4,6,7,8-HxCDF Ave 1.320 1.350 102 100 102 73-137

13C-1,2,3,4,7,8-HxCDD Ave 0.8772 0.8644 98.5 100 99 85-117

13C-1,2,3,6,7,8-HxCDD Ave 0.9171 0.9333 102 100 102 85-118

13C-1,2,3,7,8,9-HxCDF Ave 1.200 1.189 99.0 100 99 74-135

13C-1,2,3,4,6,7,8-HpCDF Ave 1.050 1.008 96.1 100 96 78-129

13C-1,2,3,4,6,7,8-HpCDD Ave 0.8155 0.7965 97.7 100 98 72-138

13C-1,2,3,4,7,8,9-HpCDF Ave 0.8947 0.8321 93.0 100 93 77-129

13C-OCDD Ave 0.7044 0.6281 178 200 89 48-208

13C-OCDF Ave 1.061 1.025 193 200 97 48-208

37Cl4-2,3,7,8-TCDD Ave 1.227 1.164 9.49 10.0 95 79-127

FORM VII 1613B
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Report Date: 17-Dec-2019 02:15:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Lims ID: WDMCCV                   
Client ID:
Sample Type: WDMCCV
Inject. Date: 17-Dec-2019 01:01:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-001
Operator ID: Xcalibur_System Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 02:15:34 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0327

First Level Reviewer: parslyt Date: 17-Dec-2019 02:15:34

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:51    1089163 0.77   1.1733       9.948       9.948   0.0132   0.0132  99.48
A Non-2,3,7,8-sub-TCDD 29:30    2883693 0.80   1.1733        26.3        26.3   0.0132    9.363   0.00  a
S Total TCDD        36.3        36.3   0.0132   0.0132

  2,3,7,8-TCDF 28:52    1643634 0.80   1.0881        10.2        10.2 0.009421 0.009421    102
A Non-2,3,7,8-sub-TCDF 28:13 0.009421   0.2342  RQU
S Total TCDF        10.2        10.2 0.009421 0.009421

  1,2,3,7,8-PeCDD 40:35    4085485 1.59   1.0434        50.6        50.6 0.008450 0.008450    101
A Non-2,3,7,8-sub-PeCDD 39:27 0.008450   0.7154  U
S Total PeCDD        50.6        50.6 0.008450 0.008450

  1,2,3,7,8-PeCDF 38:48    6990984 1.60   1.1898        49.6        49.6   0.0516   0.0516  99.23
  2,3,4,7,8-PeCDF 40:03    6771445 1.59   1.1095        49.6        49.6   0.0471   0.0471  99.22
A Non-2,3,7,8-sub-PeCDF 38:02   0.0491   0.6333  U
S Total PeCDF        99.2        99.2   0.0493   0.0493

  1,2,3,4,7,8-HxCDD 44:51    4813962 1.26   1.1409        49.7        49.7 0.005702 0.005702  99.38
  1,2,3,6,7,8-HxCDD 44:58    5403677 1.26   1.1481        51.3        51.3 0.005704 0.005704    103
  1,2,3,7,8,9-HxCDD 45:21    5557209 1.23   1.2212        51.5        51.5 0.005345 0.005345    103
A Non-2,3,7,8-sub-HxCDD 44:19 0.005578 0.005578
S Total HxCDD       152.6       152.6 0.005583 0.005583

  1,2,3,4,7,8-HxCDF 43:49    8108371 1.26   1.3629        50.3        50.3   0.0885   0.0885    101
  1,2,3,6,7,8-HxCDF 43:57    9006818 1.24   1.2762        49.2        49.2   0.0838   0.0838  98.43
  2,3,4,6,7,8-HxCDF 44:40    8364415 1.25   1.2654        49.8        49.8   0.0887   0.0887  99.69
  1,2,3,7,8,9-HxCDF 45:36    6877309 1.25   1.2573        46.8        46.8   0.1178   0.1178  93.69
A Non-2,3,7,8-sub-HxCDF 44:10   0.0931   0.0931
S Total HxCDF       196.2       196.2   0.0947   0.0947

  1,2,3,4,6,7,8-HpCDD 49:38    4459229 1.05   1.1204        50.9        50.9   0.0327   0.0327    102
A Non-2,3,7,8-sub-HpCDD 49:03   0.0327   0.0327
S Total HpCDD        50.9        50.9   0.0327   0.0327

  1,2,3,4,6,7,8-HpCDF 47:58    7545802 1.05   1.4984        50.8        50.8 0.004630 0.004630    102
  1,2,3,4,7,8,9-HpCDF 50:17    6049742 1.06   1.3807        53.6        53.6 0.007071 0.007071    107
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Report Date: 17-Dec-2019 02:15:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

A Non-2,3,7,8-sub-HpCDF 49:20 0.005635    1.260  RQU
S Total HpCDF       104.4       104.4 0.005851 0.005851

  OCDD 53:54    7742333 0.91   1.2073       103.9       103.9 0.005804 0.005804    104
  OCDF 54:02   10377282 0.91   1.1162        92.3        92.3 0.005145 0.005145  92.33
D 13C-2,3,7,8-TCDD 30:48    9331945 0.81   1.0709        97.6        97.6   0.1141   0.1141  97.60
D 13C-2,3,7,8-TCDF 28:49   14854663 0.82   1.7545        94.8        94.8   0.0942   0.0942  94.83
D 13C-1,2,3,7,8-PeCDD 40:34    7737165 1.61   0.8743        99.1        99.1   0.4001   0.4001  99.12
D 13C-1,2,3,7,8-PeCDF 38:47   11842583 1.60   1.3704        96.8        96.8    1.149    1.149  96.79
D 13C-2,3,4,7,8-PeCDF 40:02   12303200 1.61   1.3837        99.6        99.6    1.138    1.138  99.59
D 13C-1,2,3,4,7,8-HxCDD 44:50    8491845 1.36   0.8772        98.5        98.5   0.3475   0.3475  98.54
D 13C-1,2,3,6,7,8-HxCDD 44:57    9169586 1.20   0.9171       101.8       101.8   0.3324   0.3324    102
D 13C-1,2,3,4,7,8-HxCDF 43:48   11826672 0.54   1.1892       101.2       101.2   0.3241   0.3241    101
D 13C-1,2,3,6,7,8-HxCDF 43:56   14339170 0.54   1.4625        99.8        99.8   0.2636   0.2636  99.80
D 13C-2,3,4,6,7,8-HxCDF 44:39   13262031 0.54   1.3197       102.3       102.3   0.2921   0.2921    102
D 13C-1,2,3,7,8,9-HxCDF 45:35   11676474 0.54   1.2001        99.0        99.0   0.3212   0.3212  99.03
D 13C-1,2,3,4,6,7,8-HpCDD 49:37    7824714 1.08   0.8155        97.7        97.7   0.0903   0.0903  97.67
D 13C-1,2,3,4,6,7,8-HpCDF 47:57    9906028 0.46   1.0496        96.1        96.1   0.7106   0.7106  96.06
D 13C-1,2,3,4,7,8,9-HpCDF 50:16    8175035 0.46   0.8947        93.0        93.0   0.8336   0.8336  93.00
D 13C-OCDD 53:53   12340725 0.90   0.7044       178.3       178.3   0.2627   0.2627  89.16
D 13C-OCDF 54:01   20140168 0.92   1.0615       193.1       193.1   0.1548   0.1548  96.57
$ 37Cl4-2,3,7,8-TCDD 30:51    1039367   1.2266       9.491       9.491 0.008576 0.008576  94.91

* 13C-1,2,3,4-TCDD 30:19    8928255 0.81  9.1E+04       100.0       100.0    100

* 13C-1,2,3,7,8,9-HxCDD 45:20    9824443 1.26    1E+05       100.0       100.0    100

  1,3,6,8-TCDF 22:31    1838413 0.79   0.00
  1,3,6,8-TCDD 24:57    1024036 0.79   0.00
  1,2,8,9-TCDF 33:55    1491176 0.80   0.00
  1,2,8,9-TCDD 34:02     933184 0.79   0.00
  1,3,4,6,8-PeCDF 34:40    6531325 1.58   0.00
  1,2,4,7,9-PeCDD 37:38    3802390 1.59   0.00
  1,2,3,8,9-PeCDD 41:16    4250435 1.60   0.00
  1,2,3,8,9-PeCDF 41:23    6260846 1.59   0.00
  1,2,3,4,6,8-HxCDF 42:36    7675621 1.27   0.00
  1,2,4,6,7,9-HxCDD 43:17    5516764 1.24   0.00
  1,2,3,4,8,9-HxCDF 45:44    7344410 1.30   0.00
  1,2,3,4,6,7,9-HpCDD 48:28    4607861 1.06   0.00

QC Flag Legend
Review Flags
  U - Marked Undetected
  a - User Assigned ID
Reagents:
61WDML3OP_F/L_00070 Amount Added:  20.00 Units: uL
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Report Date: 17-Dec-2019 02:15:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Lims ID: WDMCCV                   
Client ID:
Sample Type: WDMCCV
Inject. Date: 17-Dec-2019 01:01:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-001
Operator ID: Xcalibur_System Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 02:15:34 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0327

First Level Reviewer: parslyt Date: 17-Dec-2019 02:15:34

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:51 30:51    0  1.002     474263      51336     30     75   1711
321.8936 30:51 30:51    0  1.002     614900      65602     31     77   2116  0.77(0.65-0.89)

A Non-2,3,7,8-sub-TCDD a

319.8965 30:21 29:30   51  0.985     418487      45754     30     75   1525 a
321.8936 30:21 29:30   51  0.985     528127      57966     31     77   1870  0.79(0.65-0.89)

319.8965 30:36 29:30   67  0.993     408852      43902     30     75   1463 a
321.8936 30:36 29:30   67  0.993     503073      53332     31     77   1720  0.81(0.65-0.89)

319.8965 31:22 29:30  112  1.018     449962      46249     30     75   1542 a
321.8936 31:22 29:30  112  1.018     575192      57528     31     77   1856  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:52 28:52    0  1.002     728000      83394     28     70   2978
305.8987 28:52 28:52    0  1.002     915634     105690     43    107   2458  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDF U
303.9016 26:31 28:13 -102  0.920       1899        191     28     70      7
305.8987 26:29 28:13 -104  0.919       2514        517     43    107     12  0.76(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 40:35 40:35    0  1.000    2509835     553955     37     92  14972
357.8516 40:35 40:35    0  1.000    1575650     349049     23     57  15176  1.59(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD U
355.8546 39:27 39:27    0  0.972      33119       5912     37     92
357.8516 39:27 39:27    0  0.972      24639       4732     23     57  1.34(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 38:48 38:48    0  1.000    4298262     840247    358    895   2347
341.8567 38:48 38:48    0  1.000    2692722     523345    200    500   2617  1.60(1.32-1.78)
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Report Date: 17-Dec-2019 02:15:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,7,8-PeCDF
339.8597 40:03 40:03    0  1.000    4161498     918494    358    895   2566
341.8567 40:03 40:03    0  1.000    2609947     574567    200    500   2873  1.59(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF U
339.8597 37:14 38:02  -48  0.960      52326       6716    358    895     19
341.8567 37:14 38:02  -48  0.960      35566       5138    200    500     26  1.47(1.32-1.78)

1,2,3,4,7,8-HxCDD
389.8158 44:51 44:51    0  1.000    2682553     707327     34     85  20804
391.8127 44:51 44:51    0  1.000    2131409     559823     22     55  25447  1.26(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:58 44:58    0  1.000    3011404     676366     34     85  19893
391.8127 44:58 44:58    0  1.000    2392273     539248     22     55  24511  1.26(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:21 45:21    0  1.012    3063236     653936     34     85  19233
391.8127 45:21 45:21    0  1.012    2493973     510622     22     55  23210  1.23(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8158 44:19      34      85
391.8127 44:19      22      55

1,2,3,4,7,8-HxCDF
373.8208 43:49 43:49    0  1.000    4515316    1195768    669   1672   1787
375.8178 43:49 43:49    0  1.000    3593055     955625    819   2047   1167  1.26(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 43:57 43:57    0  1.000    4983491    1234219    669   1672   1845
375.8178 43:57 43:57    0  1.000    4023327     995197    819   2047   1215  1.24(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 44:40 44:40    0  1.000    4651738    1175688    669   1672   1757
375.8178 44:40 44:40    0  1.000    3712677     922369    819   2047   1126  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDF
373.8208 45:36 45:36    0  1.000    3821821     911590    669   1672   1363
375.8178 45:36 45:36    0  1.000    3055488     734495    819   2047    897  1.25(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 44:10     669    1672
375.8178 44:10     819    2047

1,2,3,4,6,7,8-HpCDD
423.7767 49:38 49:38    0  1.000    2287137     396672    138    345   2874
425.7737 49:38 49:38    0  1.000    2172092     384134     60    150   6402  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7767 49:03     138     345
425.7737 49:03      60     150

1,2,3,4,6,7,8-HpCDF
407.7817 47:58 47:58    0  1.000    3873679     796411     45    112  17698
409.7788 47:58 47:58    0  1.000    3672123     751090     12     30  62591  1.05(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50:17 50:17    0  1.000    3106751     540948     45    112  12021
409.7788 50:17 50:17    0  1.000    2942991     517907     12     30  43159  1.06(0.88-1.20)
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Report Date: 17-Dec-2019 02:15:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDF U
407.7817 48:22 49:20  -58  1.008      70010       8877     45    112    197

Empc Correction      59819       8914     45    112    198
409.7788 48:22 49:20  -58  1.008      57519       8572     12     30    714  1.22(0.88-1.20)

OCDD
457.7377 53:54 53:54    0  1.000    3683239     773716     21     52  36844
459.7348 53:54 53:54    0  1.000    4059094     848093     16     40  53006  0.91(0.76-1.02)

OCDF
441.7428 54:02 54:02    0  1.000    4936174    1076830     39     97  27611
443.7399 54:02 54:02    0  1.000    5441108    1154881     13     32  88837  0.91(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 30:48 30:48    0  1.016    4164882     445071    327    817   1361
333.9338 30:49 30:48    1  1.017    5167063     539988    161    402   3354  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:49 28:49    0  0.951    6686410     774508    284    710   2727
317.9389 28:50 28:49    1  0.951    8168253     952101    376    940   2532  0.82(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:34 40:34    0  1.338    4768638    1047818    985   2462   1064
369.8919 40:34 40:34    0  1.338    2968527     653455    412   1030   1586  1.61(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:47 38:47    0  1.279    7280031    1403720   3275   8187    429
353.8970 38:47 38:47    0  1.279    4562552     868270   3012   7530    288  1.60(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:02 40:02    0  1.321    7583967    1652838   3275   8187    505
353.8970 40:02 40:02    0  1.321    4719233    1017173   3012   7530    338  1.61(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:50 44:50    0  0.989    4890417    1206897   1467   3667    823
403.8529 44:50 44:50    0  0.989    3601428     945366   1067   2667    886  1.36(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:57 44:57    0  0.991    4993144    1178927   1467   3667    804
403.8529 44:57 44:57    0  0.991    4176442     958875   1067   2667    899  1.20(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:48 43:48    0  0.966    4123600    1072947   1173   2932    915
385.8610 43:48 43:48    0  0.966    7703072    2012607   2031   5077    991  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:56 43:56    0  0.969    5042681    1220340   1173   2932   1040
385.8610 43:56 43:56    0  0.969    9296489    2258262   2031   5077   1112  0.54(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:39 44:39    0  0.985    4664161    1168424   1173   2932    996
385.8610 44:39 44:39    0  0.985    8597870    2144784   2031   5077   1056  0.54(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:35 45:35    0  1.006    4095853     881586   1173   2932    752
385.8610 45:35 45:35    0  1.006    7580621    1630029   2031   5077    803  0.54(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:37 49:37    0  1.094    4058764     706659    231    577   3059
437.8140 49:37 49:37    0  1.094    3765950     643262    381    952   1688  1.08(0.88-1.20)
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Report Date: 17-Dec-2019 02:15:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:57 47:57    0  1.058    3135890     647341   1469   3672    441
419.8220 47:57 47:57    0  1.058    6770138    1399496   4731  11827    296  0.46(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:16    0  1.109    2565775     453166   1469   3672    308
419.8220 50:16 50:16    0  1.109    5609260    1001281   4731  11827    212  0.46(0.37-0.51)

13C-OCDD
469.7780 53:53 53:53    0  1.189    5840342    1250480    963   2407   1299
471.7750 53:53 53:53    0  1.189    6500383    1375367    575   1437   2392  0.90(0.76-1.02)

13C-OCDF
453.7830 54:01 54:01    0  1.192    9665998    2171636    655   1637   3315
455.7801 54:01 54:01    0  1.192   10474170    2355769    711   1777   3313  0.92(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:51 30:51    0  1.018    1039367     110408     42    105   2629

13C-1,2,3,4-TCDD
331.9368 30:19 30:19    0    4008189     457401    327    817   1399
333.9338 30:18 30:19   -1    4920066     540828    161    402   3359  0.81(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:20 45:20    0    5479928    1165366   1467   3667    794
403.8529 45:20 45:20    0    4344515     912810   1067   2667    855  1.26(1.05-1.43)

1,3,6,8-TCDF
303.9016 22:31 22:31    0  0.781     809226     127777     28     70   4563
305.8987 22:31 22:31    0  0.781    1029187     157691     43    107   3667  0.79(0.65-0.89)

1,3,6,8-TCDD
319.8965 24:57 24:57    0  0.810     450467      60157     30     75   2005
321.8936 24:56 24:57   -1  0.809     573569      78876     31     77   2544  0.79(0.65-0.89)

1,2,8,9-TCDF
303.9016 33:55 33:55    0  1.177     660462      71207     28     70   2543
305.8987 33:55 33:55    0  1.177     830714      86535     43    107   2012  0.80(0.65-0.89)

1,2,8,9-TCDD
319.8965 34:02 34:02    0  1.105     410776      44649     30     75   1488
321.8936 34:02 34:02    0  1.105     522408      57715     31     77   1862  0.79(0.65-0.89)

1,3,4,6,8-PeCDF
339.8597 34:40 34:40    0  0.894    3995807     487753    358    895   1362
341.8567 34:40 34:40    0  0.894    2535518     312997    200    500   1565  1.58(1.32-1.78)

1,2,4,7,9-PeCDD
355.8546 37:38 37:38    0  0.928    2332972     374644     37     92  10126
357.8516 37:38 37:38    0  0.928    1469418     234429     23     57  10193  1.59(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 41:16 41:16    0  1.017    2614780     572730     37     92  15479
357.8516 41:16 41:16    0  1.017    1635655     348246     23     57  15141  1.60(1.32-1.78)

1,2,3,8,9-PeCDF
339.8597 41:23 41:23    0  1.067    3845090     855194    358    895   2389
341.8567 41:22 41:23   -1  1.067    2415756     524745    200    500   2624  1.59(1.32-1.78)

Page 1990 of 2476



Report Date: 17-Dec-2019 02:15:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,8-HxCDF
373.8208 42:36 42:36    0  0.973    4293548    1056506    669   1672   1579
375.8178 42:35 42:36   -1  0.972    3382073     858376    819   2047   1048  1.27(1.05-1.43)

1,2,4,6,7,9-HxCDD
389.8158 43:17 43:17    0  0.966    3056684     785900     34     85  23115
391.8127 43:17 43:17    0  0.966    2460080     617961     22     55  28089  1.24(1.05-1.43)

1,2,3,4,8,9-HxCDF
373.8208 45:44 45:44    0  1.044    4153258     889801    669   1672   1330
375.8178 45:44 45:44    0  1.044    3191152     686467    819   2047    838  1.30(1.05-1.43)

1,2,3,4,6,7,9-HpCDD
423.7767 48:28 48:28    0  0.977    2368378     459192    138    345   3327
425.7737 48:28 48:28    0  0.977    2239483     430037     60    150   7167  1.06(0.88-1.20)

QC Flag Legend
Review Flags
  U - Marked Undetected
  a - User Assigned ID
Reagents:
61WDML3OP_F/L_00070 Amount Added:  20.00 Units: uL
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Report Date: 17-Dec-2019 02:15:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
CCV Relative RT Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Lims ID: WDMCCV                   
Client ID:
Sample Type: WDMCCV
Inject. Date: 17-Dec-2019 01:01:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-001
Operator ID: Xcalibur_System Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 02:15:34 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0327

First Level Reviewer: parslyt Date: 17-Dec-2019 02:15:34

Start Cal Date: 16-May-2014 14:26:00
End Cal Date: 16-May-2014 18:31:00

Compound T/L
ICAL
RT

CCV
RT

R RT
(secs)

RT
Lmt

ICAL
RRT

CCV
RRT

RRT
Limits

13C-1,2,3,4-TCDD 31:17 30:19 -57 1.000 1.000 0.000 - 0.000
13C-2,3,7,8-TCDD 31:48 30:48 -60 1.017 1.016 0.976 - 1.043
2,3,7,8-TCDD 31:50 30:51 -58 1.001 1.002 0.999 - 1.002
37Cl4-2,3,7,8-TCDD 31:50 30:51 -58 1.018 1.018 0.989 - 1.052
13C-2,3,7,8-TCDF 29:44 28:49 -54 0.951 0.951 0.923 - 1.103
2,3,7,8-TCDF 29:47 28:52 -54 1.002 1.002 0.999 - 1.003
13C-1,2,3,7,8-PeCDD 41:00 40:34 -25 1.311 1.338 1.000 - 1.567
1,2,3,7,8-PeCDD 41:01 40:35 -25 1.000 1.000 0.999 - 1.002
13C-1,2,3,7,8-PeCDF 39:17 38:47 -30 1.256 1.279 1.000 - 1.425
1,2,3,7,8-PeCDF 39:18 38:48 -30 1.000 1.000 0.999 - 1.002
13C-2,3,4,7,8-PeCDF 40:29 40:02 -26 1.295 1.321 1.011 - 1.526
2,3,4,7,8-PeCDF 40:30 40:03 -26 1.000 1.000 0.999 - 1.002
13C-1,2,3,7,8,9-HxCDD 45:45 45:20 -24 1.000 1.000 0.000 - 0.000
13C-1,2,3,4,7,8-HxCDD 45:14 44:50 -24 0.989 0.989 0.977 - 1.000
1,2,3,4,7,8-HxCDD 45:15 44:51 -24 1.000 1.000 0.999 - 1.001
13C-1,2,3,6,7,8-HxCDD 45:21 44:57 -24 0.992 0.991 0.981 - 1.003
1,2,3,6,7,8-HxCDD 45:22 44:58 -24 1.000 1.000 0.998 - 1.004
1,2,3,7,8,9-HxCDD 45:46 45:21 -24 1.012 1.012 1.000 - 1.019
13C-1,2,3,4,7,8-HxCDF 44:11 43:48 -23 0.966 0.966 0.936 - 0.996
1,2,3,4,7,8-HxCDF 44:12 43:49 -23 1.000 1.000 0.999 - 1.001
13C-1,2,3,6,7,8-HxCDF 44:20 43:56 -23 0.969 0.969 0.949 - 0.975
1,2,3,6,7,8-HxCDF 44:21 43:57 -23 1.000 1.000 0.997 - 1.005
13C-2,3,4,6,7,8-HxCDF 45:03 44:39 -23 0.985 0.985 0.977 - 1.047
2,3,4,6,7,8-HxCDF 45:04 44:40 -23 1.000 1.000 0.999 - 1.001
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Report Date: 17-Dec-2019 02:15:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d

Compound T/L
ICAL
RT

CCV
RT

R RT
(secs)

RT
Lmt

ICAL
RRT

CCV
RRT

RRT
Limits

13C-1,2,3,7,8,9-HxCDF 46:02 45:35 -26 1.006 1.006 0.959 - 1.021
1,2,3,7,8,9-HxCDF 46:03 45:36 -26 1.000 1.000 0.999 - 1.001
13C-1,2,3,4,6,7,8-HpCDD 50:11 49:37 -34 1.097 1.094 1.086 - 1.110
1,2,3,4,6,7,8-HpCDD 50:12 49:38 -34 1.000 1.000 0.999 - 1.001
13C-1,2,3,4,6,7,8-HpCDF 48:28 47:57 -30 1.059 1.058 1.043 - 1.085
1,2,3,4,6,7,8-HpCDF 48:29 47:58 -30 1.000 1.000 0.999 - 1.001
13C-1,2,3,4,7,8,9-HpCDF 50:48 50:16 -32 1.111 1.109 1.057 - 1.151
1,2,3,4,7,8,9-HpCDF 50:49 50:17 -32 1.000 1.000 0.999 - 1.001
13C-OCDD 54:18 53:53 -25 1.187 1.189 1.032 - 1.311
OCDD 54:19 53:54 -25 1.000 1.000 0.999 - 1.001
13C-OCDF 54:26 54:01 -25 1.190 1.192 1.092 - 1.292
OCDF 54:27 54:02 -25 1.000 1.000 0.999 - 1.008
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Report Date: 17-Dec-2019 02:15:34 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 01:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDD, RT: 29.485

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                        100.000         9331945          985059
Averages:

RRFn Qis Ris Area Ris Height
  1.173        100.000         9331945          985059

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

30:21            418487             45754            528127             57966        8.65 0.79 a
30:36            408852             43902            503073             53332        8.33 0.81 a
31:22            449962             46249            575192             57528        9.36 0.78 a
Signal Totals:

          1277301            135905           1606392            168826
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          2883693            304731 0.80 a

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         26.337 = (2883693 * 100.000) / (9331945 * 1.173)

QC Flag Legend

Review Flags
a - User Assigned ID
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 01:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDF, RT: 28.214

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                        100.000        14854663         1726609
Averages:

RRFn Qis Ris Area Ris Height
  1.088        100.000        14854663         1726609

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

26:31              1899               191              2514               517      0.0273 0.76 n
27:00              4820               524              5277               600      0.0625 0.91 RQ
27:00              4063               461              5277               600      0.0578 Empc Correction
27:49             16648              2046             21216              2687      0.2342 0.78
30:23              2148               304              2062               318      0.0260 1.04 RnQ
30:23              1587               244              2062               318      0.0226 Empc Correction
31:48              1548               227              2497               176      0.0250 0.62 RnQ
31:48              1548               227              2010               294      0.0220 Empc Correction

Compound is Marked ND
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 01:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-PeCDD, RT: 39.441

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                     100.000         7737165         1701273
Averages:

RRFn Qis Ris Area Ris Height
  1.043        100.000         7737165         1701273

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

40:50             33119              5912             24639              4732      0.7154 1.34

Compound is Marked ND
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 01:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-PeCDF, RT: 38.019

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                     100.000        11842583         2271990
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                     100.000        12303200         2670011
Averages:

RRFn Qis Ris Area Ris Height
  1.150        100.000        12072891         2471000

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

37:14             52326              6716             35566              5138      0.6333 1.47

Compound is Marked ND
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 01:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HpCDF, RT: 49.317

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000         9906028         2046837
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000         8175035         1454447
Averages:

RRFn Qis Ris Area Ris Height
  1.440        100.000         9040531         1750642

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:22             70010              8877             57519              8572      0.9799 1.22 RQ
48:22             59819              8914             57519              8572      0.9016 Empc Correction
48:36             88683             14075             75244             12537        1.26 1.18

Compound is Marked ND
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
)

F1:m/z     319.8965

F 1,3,6,8-TCDD
          24.94

28.81 32.33

L 1,2,8,9-TCDD
          34.03

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
)

F1:m/z     321.8936

F 1,3,6,8-TCDD
          24.92

31.9425.61 28.81

L 1,2,8,9-TCDD
          34.03

TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-1,2,3,4-TCDD
          30.31

31.49

13C-2,3,7,8-TCDD
          30.80

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD
          30.29

31.94

13C-2,3,7,8-TCDD
          30.82
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
)

F1:m/z     319.8965

F 1,3,6,8-TCDD
          24.94

28.81 32.33

L 1,2,8,9-TCDD
          34.03

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9

18

27

36

45

54

63

72

81

90

Y
 ( 

X
10

00
)

F1:m/z     321.8936

F 1,3,6,8-TCDD
          24.92

31.9425.61 28.81

L 1,2,8,9-TCDD
          34.03

TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD
          30.85

31.3424.94 34.07

37Cl4-TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-1,2,3,4-TCDD
          30.31

31.49

13C-2,3,7,8-TCDD
          30.80

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD
          30.29

31.94

13C-2,3,7,8-TCDD
          30.82
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

14

Y
 ( 

X
10

00
0)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD
          30.85

31.3424.94 34.07

37Cl4-TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

90

96

Y

F1:m/z     313.9834
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

F 1,3,6,8-TCDF
          22.51

2,3,7,8-TCDF
          28.86

27.8023.39 30.3824.97 33.36

L 1,2,8,9-TCDF
          33.91

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

F 1,3,6,8-TCDF
          22.51

2,3,7,8-TCDF
          28.86

27.7726.47 31.17 31.74

L 1,2,8,9-TCDF
          33.91

TCDF Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F1:m/z     315.9419

13C-2,3,7,8-TCDF
          28.81

30.3827.75

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389

13C-2,3,7,8-TCDF
          28.83

29.45
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

F 1,3,6,8-TCDF
          22.51

2,3,7,8-TCDF
          28.86

27.8023.39 30.3824.97 33.36

L 1,2,8,9-TCDF
          33.91

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

F 1,3,6,8-TCDF
          22.51

2,3,7,8-TCDF
          28.86

27.7726.47 31.17 31.74

L 1,2,8,9-TCDF
          33.91

TCDF Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

F 1,3,6,8-TCDF
          22.51

2,3,7,8-TCDF
          28.86

27.8023.39 30.3824.97 33.36

L 1,2,8,9-TCDF
          33.91

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

F 1,3,6,8-TCDF
          22.51

2,3,7,8-TCDF
          28.86

27.7726.47 31.17 31.74

L 1,2,8,9-TCDF
          33.91

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

2

5

8

11

14

17

20

23

26

29

Y
 ( 

X
10

)

F1:m/z     375.8364 17.75

Page 2005 of 2476



Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F2:m/z     355.8546

F 1,2,4,7,9-PeCDD
          37.63

40.82

L 1,2,3,8,9-PeCDD
          41.25

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F2:m/z     357.8516

F 1,2,4,7,9-PeCDD
          37.63

40.82

L 1,2,3,8,9-PeCDD
          41.25

PeCDD Standards

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F2:m/z     367.8949

13C-1,2,3,7,8-PeCDD
          40.56

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

10

20

30

40

50

60
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Y
 ( 

X
10

00
0)

F2:m/z     369.8919

13C-1,2,3,7,8-PeCDD
          40.56

39.15
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Report Date: 17-Dec-2019 02:15:35 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
0)

F2:m/z     355.8546

F 1,2,4,7,9-PeCDD
          37.63

40.82

L 1,2,3,8,9-PeCDD
          41.25

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

4

8

12
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20

24
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32

36

40

Y
 ( 

X
10

00
0)

F2:m/z     357.8516

F 1,2,4,7,9-PeCDD
          37.63

40.82

L 1,2,3,8,9-PeCDD
          41.25

PeCDD Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F2:m/z     313.9834
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Report Date: 17-Dec-2019 02:15:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
PeCDF
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X
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F2:m/z     339.8597

F 1,3,4,6,8-PeCDF
          34.67

1,2,3,7,8-PeCDF
          38.79

39.3237.22

L 1,2,3,8,9-PeCDF
          41.37

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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0

9
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Y
 ( 

X
10

00
0)

F2:m/z     341.8567

F 1,3,4,6,8-PeCDF
          34.67

1,2,3,7,8-PeCDF
          38.79

37.22

L 1,2,3,8,9-PeCDF
          41.35

PeCDF Standards

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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6
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X
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00
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)

F2:m/z     351.9000

13C-1,2,3,7,8-PeCDF
          38.77

41.3439.29

13C-2,3,4,7,8-PeCDF
          40.03

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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X
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F2:m/z     353.8970

13C-1,2,3,7,8-PeCDF
          38.77

41.35

13C-2,3,4,7,8-PeCDF
          40.03
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597

F 1,3,4,6,8-PeCDF
          34.67

1,2,3,7,8-PeCDF
          38.79

39.3237.22

L 1,2,3,8,9-PeCDF
          41.37

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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F2:m/z     341.8567

F 1,3,4,6,8-PeCDF
          34.67

1,2,3,7,8-PeCDF
          38.79

37.22

L 1,2,3,8,9-PeCDF
          41.35

PeCDF Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

9
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F2:m/z     313.9834
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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Y
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X
10

00
00

)

F2:m/z     339.8597

F 1,3,4,6,8-PeCDF
          34.67

1,2,3,7,8-PeCDF
          38.79

39.3237.22

L 1,2,3,8,9-PeCDF
          41.37

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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F2:m/z     341.8567

F 1,3,4,6,8-PeCDF
          34.67

1,2,3,7,8-PeCDF
          38.79

37.22

L 1,2,3,8,9-PeCDF
          41.35

PeCDF Interference Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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41.03
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
HxCDD
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F3:m/z     389.8158

F 1,2,4,6,7,9-HxCDD
          43.28

L 1,2,3,7,8,9-HxCDD
          45.34
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F3:m/z     391.8127

F 1,2,4,6,7,9-HxCDD
          43.28

L 1,2,3,7,8,9-HxCDD
          45.34

HxCDD Standards

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     401.8559

13C-1,2,3,4,7,8-HxCDD
          44.82

13C-1,2,3,7,8,9-HxCDD
          45.32
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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Y
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X
10

00
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F3:m/z     389.8158

F 1,2,4,6,7,9-HxCDD
          43.28

L 1,2,3,7,8,9-HxCDD
          45.34

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0
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70
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X
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F3:m/z     391.8127

F 1,2,4,6,7,9-HxCDD
          43.28

L 1,2,3,7,8,9-HxCDD
          45.34

HxCDD Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18
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36

45
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63

72

81

90

99

Y

F3:m/z     375.9802
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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00

)

F3:m/z     373.8208

F 1,2,3,4,6,8-HxCDF
          42.59

1,2,3,6,7,8-HxCDF
          43.94

L 1,2,3,4,8,9-HxCDF
          45.73

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     375.8178

F 1,2,3,4,6,8-HxCDF
          42.57

1,2,3,6,7,8-HxCDF
          43.94

L 1,2,3,4,8,9-HxCDF
          45.73

HxCDF Standards

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

2

4

6

8
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F3:m/z     383.8639

13C-1,2,3,4,7,8-HxCDF
          43.79

13C-2,3,4,6,7,8-HxCDF
          44.65

13C-1,2,3,7,8,9-HxCDF
          45.58
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F3:m/z     385.8610

13C-1,2,3,4,7,8-HxCDF
          43.79

13C-2,3,4,6,7,8-HxCDF
          44.65

13C-1,2,3,7,8,9-HxCDF
          45.58

Page 2013 of 2476



Report Date: 17-Dec-2019 02:15:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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2
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6
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10

12

14

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208

F 1,2,3,4,6,8-HxCDF
          42.59

1,2,3,6,7,8-HxCDF
          43.94

L 1,2,3,4,8,9-HxCDF
          45.73

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

2

4

6

8

10
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Y
 ( 

X
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00
00

)

F3:m/z     375.8178

F 1,2,3,4,6,8-HxCDF
          42.57

1,2,3,6,7,8-HxCDF
          43.94

L 1,2,3,4,8,9-HxCDF
          45.73

HxCDF Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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)

F3:m/z     373.8208

F 1,2,3,4,6,8-HxCDF
          42.59

1,2,3,6,7,8-HxCDF
          43.94

L 1,2,3,4,8,9-HxCDF
          45.73

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0
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10
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Y
 ( 

X
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00
00

)

F3:m/z     375.8178

F 1,2,3,4,6,8-HxCDF
          42.57

1,2,3,6,7,8-HxCDF
          43.94

L 1,2,3,4,8,9-HxCDF
          45.73

HxCDF Interference Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

20

27

34

41

48

55

62

69
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90

Y

F3:m/z     445.7555
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
HpCDD
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F4:m/z     423.7767

F 1,2,3,4,6,7,9-HpCDD
          48.46

50.28

L 1,2,3,4,6,7,8-HpCDD
          49.62
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F4:m/z     425.7737

F 1,2,3,4,6,7,9-HpCDD
          48.46

50.09 51.80

L 1,2,3,4,6,7,8-HpCDD
          49.62

HpCDD Standards
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          49.60
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          49.60
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
HpCDD
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Min
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F4:m/z     423.7767

F 1,2,3,4,6,7,9-HpCDD
          48.46

50.28

L 1,2,3,4,6,7,8-HpCDD
          49.62
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F4:m/z     425.7737

F 1,2,3,4,6,7,9-HpCDD
          48.46

50.09 51.80

L 1,2,3,4,6,7,8-HpCDD
          49.62

HpCDD Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18
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36

45
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Y

F4:m/z     413.9770
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
HpCDF
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F4:m/z     407.7817

F 1,2,3,4,6,7,8-HpCDF
          47.97

48.59 50.87

L 1,2,3,4,7,8,9-HpCDF
          50.28
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F4:m/z     409.7788

F 1,2,3,4,6,7,8-HpCDF
          47.97

48.59 50.72

L 1,2,3,4,7,8,9-HpCDF
          50.28

HpCDF Standards
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F4:m/z     417.8250
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          47.95

48.57

13C-1,2,3,4,7,8,9-HpCDF
          50.26
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          47.95

48.57

13C-1,2,3,4,7,8,9-HpCDF
          50.26
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Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
HpCDF
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F4:m/z     407.7817

F 1,2,3,4,6,7,8-HpCDF
          47.97

48.59 50.87

L 1,2,3,4,7,8,9-HpCDF
          50.28
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F 1,2,3,4,6,7,8-HpCDF
          47.97

48.59 50.72

L 1,2,3,4,7,8,9-HpCDF
          50.28

HpCDF Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0
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81

90

99

Y

F4:m/z     413.9770
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Report Date: 17-Dec-2019 02:15:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

Y
 ( 

X
10

00
0)

F4:m/z     407.7817

F 1,2,3,4,6,7,8-HpCDF
          47.97

48.59 50.87

L 1,2,3,4,7,8,9-HpCDF
          50.28

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
0)

F4:m/z     409.7788

F 1,2,3,4,6,7,8-HpCDF
          47.97

48.59 50.72

L 1,2,3,4,7,8,9-HpCDF
          50.28

HpCDF Interference Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

20

26

32

38

44

50

56

62

68

74

80

Y

F4:m/z     479.7165
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Report Date: 17-Dec-2019 02:15:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
OCDD

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F5:m/z     457.7377

OCDD
  53.89

54.46

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348

OCDD
  53.89

54.32

OCDD Standards

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F5:m/z     469.7780

13C-OCDD
  53.87

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750

13C-OCDD
  53.87
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Report Date: 17-Dec-2019 02:15:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
OCDD

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
0)

F5:m/z     457.7377

OCDD
  53.89

54.46

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348

OCDD
  53.89

54.32

OCDD Lock Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 17-Dec-2019 02:15:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428

OCDF
  54.02

54.63

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399

OCDF
  54.02

54.73

OCDF Standards

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F5:m/z     453.7830

13C-OCDF
  54.01

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

)

F5:m/z     455.7801

13C-OCDF
  54.01
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Report Date: 17-Dec-2019 02:15:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428

OCDF
  54.02

54.63

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399

OCDF
  54.02

54.73

OCDF Lock Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 17-Dec-2019 02:15:36 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\d3191217s1.d
Injection Date: 17-Dec-2019 01:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 1
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428

OCDF
  54.02

54.63

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399

OCDF
  54.02

54.73

OCDF Interference Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

)

F5:m/z     513.6775
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

140-17578-1

D2A

12/17/2019  12:34

05/16/2014  14:26

05/16/2014  18:31

WDMCCV 140-36146/1

RTX-5

Eurofins TestAmerica, Knoxville

Lab File ID: d3191217s2.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDF AveID 1.088 1.126 10.3 10.0 103 84-120

2,3,7,8-TCDD AveID 1.173 1.185 10.1 10.0 101 78-129

1,2,3,7,8-PeCDF AveID 1.190 1.195 50.2 50.0 100 82-120

2,3,4,7,8-PeCDF AveID 1.109 1.111 50.1 50.0 100 82-122

1,2,3,7,8-PeCDD AveID 1.043 1.049 50.3 50.0 101 78-130

1,2,3,4,7,8-HxCDF AveID 1.363 1.395 51.2 50.0 102 90-112

1,2,3,6,7,8-HxCDF AveID 1.276 1.247 48.8 50.0 98 88-114

2,3,4,6,7,8-HxCDF AveID 1.265 1.268 50.1 50.0 100 88-114

1,2,3,4,7,8-HxCDD AveID 1.141 1.098 48.1 50.0 96 78-128

1,2,3,6,7,8-HxCDD AveID 1.148 1.199 52.2 50.0 104 78-128

1,2,3,7,8,9-HxCDD AveID 1.221 1.253 51.3 50.0 103 82-122

1,2,3,7,8,9-HxCDF AveID 1.257 1.146 45.6 50.0 91 90-112

1,2,3,4,6,7,8-HpCDF AveID 1.498 1.511 50.4 50.0 101 90-110

1,2,3,4,6,7,8-HpCDD AveID 1.120 1.136 50.7 50.0 101 86-116

1,2,3,4,7,8,9-HpCDF AveID 1.381 1.495 54.1 50.0 108 86-116

OCDD AveID 1.207 1.299 108 100 108 79-126

OCDF AveID 1.116 1.015 90.9 100 91 63-159

13C-2,3,7,8-TCDF Ave 1.755 1.774 101 100 101 71-140

13C-2,3,7,8-TCDD Ave 1.071 1.086 101 100 101 82-121

13C-1,2,3,7,8-PeCDF Ave 1.370 1.338 97.6 100 98 76-130

13C-2,3,4,7,8-PeCDF Ave 1.384 1.334 96.4 100 96 77-130

13C-1,2,3,7,8-PeCDD Ave 0.8743 0.8557 97.9 100 98 62-160

13C-1,2,3,4,7,8-HxCDF Ave 1.189 1.157 97.3 100 97 76-131

13C-1,2,3,6,7,8-HxCDF Ave 1.462 1.517 104 100 104 70-143

13C-2,3,4,6,7,8-HxCDF Ave 1.320 1.321 100 100 100 73-137

13C-1,2,3,4,7,8-HxCDD Ave 0.8772 0.8578 97.8 100 98 85-117

13C-1,2,3,6,7,8-HxCDD Ave 0.9171 0.9426 103 100 103 85-118

13C-1,2,3,7,8,9-HxCDF Ave 1.200 1.176 98.0 100 98 74-135

13C-1,2,3,4,6,7,8-HpCDF Ave 1.050 1.009 96.1 100 96 78-129

13C-1,2,3,4,6,7,8-HpCDD Ave 0.8155 0.7746 95.0 100 95 72-138

13C-1,2,3,4,7,8,9-HpCDF Ave 0.8947 0.8439 94.3 100 94 77-129

13C-OCDD Ave 0.7044 0.6260 178 200 89 48-208

13C-OCDF Ave 1.061 1.070 202 200 101 48-208

37Cl4-2,3,7,8-TCDD Ave 1.227 1.223 9.97 10.0 100 79-127

FORM VII 1613B
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV                   
Client ID:
Sample Type: WDMCCV
Inject. Date: 17-Dec-2019 12:34:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-001
Operator ID: Xcalibur_System Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 13:41:51 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 13:41:51

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:50    1165849 0.79   1.1733        10.1        10.1   0.0171   0.0171    101
A Non-2,3,7,8-sub-TCDD 29:29    2928278 0.80   1.1733        25.4        25.4   0.0171    8.871   0.00
S Total TCDD        35.5        35.5   0.0171   0.0171

  2,3,7,8-TCDF 28:51    1810058 0.80   1.0881        10.3        10.3 0.009513 0.009513    103
A Non-2,3,7,8-sub-TCDF 28:12 0.009513   0.1811  RQU
S Total TCDF        10.3        10.3 0.009513 0.009513

  1,2,3,7,8-PeCDD 40:35    4067376 1.56   1.0434        50.3        50.3 0.002575 0.002575    101
A Non-2,3,7,8-sub-PeCDD 39:26 0.002575   0.4374  RQU
S Total PeCDD        50.3        50.3 0.002575 0.002575

  1,2,3,7,8-PeCDF 38:47    7246383 1.57   1.1898        50.2        50.2   0.0619   0.0619    100
  2,3,4,7,8-PeCDF 40:03    6716780 1.55   1.1095        50.1        50.1   0.0576   0.0576    100
A Non-2,3,7,8-sub-PeCDF 38:01   0.0595   0.5798  U
S Total PeCDF       100.3       100.3   0.0597   0.0597

  1,2,3,4,7,8-HxCDD 44:50    4683349 1.25   1.1409        48.1        48.1 0.003339 0.003339  96.24
  1,2,3,6,7,8-HxCDD 44:57    5619773 1.26   1.1481        52.2        52.2 0.003280 0.003280    104
  1,2,3,7,8,9-HxCDD 45:21    5607661 1.29   1.2212        51.3        51.3 0.003102 0.003102    103
A Non-2,3,7,8-sub-HxCDD 44:19 0.003237 0.003237  U
S Total HxCDD       151.6       151.6 0.003240 0.003240

  1,2,3,4,7,8-HxCDF 43:49    8023014 1.27   1.3629        51.2        51.2   0.1215   0.1215    102
  1,2,3,6,7,8-HxCDF 43:56    9406122 1.27   1.2762        48.8        48.8   0.1084   0.1084  97.68
  2,3,4,6,7,8-HxCDF 44:40    8327360 1.30   1.2654        50.1        50.1   0.1186   0.1186    100
  1,2,3,7,8,9-HxCDF 45:36    6704921 1.25   1.2573        45.6        45.6   0.1613   0.1613  91.17  M
A Non-2,3,7,8-sub-HxCDF 44:10   0.1247   0.1247  U
S Total HxCDF       195.7       195.7   0.1274   0.1274

  1,2,3,4,6,7,8-HpCDD 49:38    4373484 1.07   1.1204        50.7        50.7   0.0357   0.0357    101
A Non-2,3,7,8-sub-HpCDD 49:03   0.0357    1.093  U
S Total HpCDD        50.7        50.7   0.0357   0.0357

  1,2,3,4,6,7,8-HpCDF 47:58    7581757 1.09   1.4984        50.4        50.4 0.001922 0.001922    101
  1,2,3,4,7,8,9-HpCDF 50:17    6272712 1.08   1.3807        54.1        54.1 0.002902 0.002902    108
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

A Non-2,3,7,8-sub-HpCDF 49:56 0.002328    1.006  RQU
S Total HpCDF       104.6       104.6 0.002412 0.002412

  OCDD 53:53    8086967 0.90   1.2073       107.6       107.6 0.003908 0.003908    108
  OCDF 54:01   10800127 0.95   1.1162        90.9        90.9 0.005700 0.005700  90.94
D 13C-2,3,7,8-TCDD 30:48    9839712 0.79   1.0709       101.4       101.4   0.0902   0.0902    101
D 13C-2,3,7,8-TCDF 28:49   16078989 0.80   1.7545       101.1       101.1   0.1152   0.1152    101
D 13C-1,2,3,7,8-PeCDD 40:34    7754977 1.60   0.8743        97.9        97.9   0.4046   0.4046  97.87
D 13C-1,2,3,7,8-PeCDF 38:46   12125417 1.59   1.3704        97.6        97.6   0.9733   0.9733  97.62
D 13C-2,3,4,7,8-PeCDF 40:02   12089402 1.61   1.3837        96.4        96.4   0.9639   0.9639  96.40
D 13C-1,2,3,4,7,8-HxCDD 44:49    8530863 1.27   0.8772        97.8        97.8   0.2405   0.2405  97.79
D 13C-1,2,3,6,7,8-HxCDD 44:56    9373504 1.26   0.9171       102.8       102.8   0.2300   0.2300    103
D 13C-1,2,3,4,7,8-HxCDF 43:47   11501577 0.53   1.1892        97.3        97.3   0.3541   0.3541  97.25
D 13C-1,2,3,6,7,8-HxCDF 43:55   15091122 0.53   1.4625       103.8       103.8   0.2879   0.2879    104
D 13C-2,3,4,6,7,8-HxCDF 44:39   13139301 0.54   1.3197       100.1       100.1   0.3191   0.3191    100
D 13C-1,2,3,7,8,9-HxCDF 45:35   11698179 0.53   1.2001        98.0        98.0   0.3509   0.3509  98.02
D 13C-1,2,3,4,6,7,8-HpCDD 49:37    7702902 1.09   0.8155        95.0        95.0   0.0361   0.0361  94.98
D 13C-1,2,3,4,6,7,8-HpCDF 47:57   10033501 0.46   1.0496        96.1        96.1   0.3588   0.3588  96.12
D 13C-1,2,3,4,7,8,9-HpCDF 50:16    8391901 0.46   0.8947        94.3        94.3   0.4210   0.4210  94.31
D 13C-OCDD 53:52   12450800 0.92   0.7044       177.7       177.7   0.3857   0.3857  88.87
D 13C-OCDF 54:00   21280307 0.90   1.0615       201.6       201.6   0.2161   0.2161    101
$ 37Cl4-2,3,7,8-TCDD 30:50    1108022   1.2266       9.967       9.967   0.0160   0.0160  99.67

* 13C-1,2,3,4-TCDD 30:17    9063253 0.82  9.1E+04       100.0       100.0    100

* 13C-1,2,3,7,8,9-HxCDD 45:20    9944819 1.26    1E+05       100.0       100.0    100

  1,3,6,8-TCDF 22:31    1980735 0.78   0.00
  1,3,6,8-TCDD 24:55    1079057 0.80   0.00
  1,2,8,9-TCDF 33:54    1533138 0.79   0.00
  1,2,8,9-TCDD 34:02     936717 0.82   0.00
  1,3,4,6,8-PeCDF 34:40    6735322 1.60   0.00
  1,2,4,7,9-PeCDD 37:38    3758988 1.58   0.00
  1,2,3,8,9-PeCDD 41:15    4098593 1.57   0.00
  1,2,3,8,9-PeCDF 41:22    6169146 1.57   0.00
  1,2,3,4,6,8-HxCDF 42:35    7858544 1.27   0.00
  1,2,4,6,7,9-HxCDD 43:17    5378918 1.26   0.00
  1,2,3,4,8,9-HxCDF 45:44    7607885 1.26   0.00  Ma
  1,2,3,4,6,7,9-HpCDD 48:27    4454058 1.05   0.00

QC Flag Legend
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
Reagents:
61WDML3OP_F/L_00070 Amount Added:  20.00 Units: uL
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV                   
Client ID:
Sample Type: WDMCCV
Inject. Date: 17-Dec-2019 12:34:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-001
Operator ID: Xcalibur_System Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 13:41:51 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 13:41:51

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:50 30:50    0  1.001     515128      53405     26     65   2054
321.8936 30:50 30:50    0  1.001     650721      65808     57    142   1155  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDD

319.8965 30:21 29:29   52  0.985     449151      48962     26     65   1883
321.8936 30:21 29:29   52  0.985     563551      58784     57    142   1031  0.80(0.65-0.89)

319.8965 30:34 29:29   65  0.992     395117      42843     26     65   1648
321.8936 30:34 29:29   65  0.992     496338      54228     57    142    951  0.80(0.65-0.89)

319.8965 31:20 29:29  111  1.017     458342      46605     26     65   1793
321.8936 31:20 29:29  111  1.017     565779      56433     57    142    990  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:51 28:51    0  1.001     804447      90479     28     70   3231
305.8987 28:51 28:51    0  1.001    1005611     116341     47    117   2475  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDF U
303.9016 24:23 28:12 -229  0.846       1970        190     28     70      7
305.8987 24:29 28:12 -223  0.850       2426        313     47    117      7  0.81(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 40:35 40:35    0  1.000    2481250     539603     11     27  49055
357.8516 40:35 40:35    0  1.000    1586126     344145      7     17  49164  1.56(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD U
355.8546 39:26 39:26    0  0.972      48319       7136     11     27

Empc Correction      21513       2957     11     27      0
357.8516 39:26 39:26    0  0.972      13880       1908      7     17  3.48(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 38:47 38:47    0  1.000    4428323     844750    396    990   2133
341.8567 38:47 38:47    0  1.000    2818060     533732    270    675   1977  1.57(1.32-1.78)
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,7,8-PeCDF
339.8597 40:03 40:03    0  1.000    4078272     902512    396    990   2279
341.8567 40:03 40:03    0  1.000    2638508     574864    270    675   2129  1.55(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF U
339.8597 37:13 38:01  -48  0.960      48217       5928    396    990     15
341.8567 37:14 38:01  -47  0.960      32490       4153    270    675     15  1.48(1.32-1.78)

1,2,3,4,7,8-HxCDD
389.8158 44:50 44:50    0  1.000    2604767     695879     16     40  43492
391.8127 44:50 44:50    0  1.000    2078582     553345     16     40  34584  1.25(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:57 44:57    0  1.000    3134791     677776     16     40  42361
391.8127 44:57 44:57    0  1.000    2484982     546208     16     40  34138  1.26(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:21 45:21    0  1.012    3156441     648697     16     40  40544
391.8127 45:21 45:21    0  1.012    2451220     503832     16     40  31490  1.29(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD U
389.8158 44:19      16      40
391.8127 44:19      16      40

1,2,3,4,7,8-HxCDF
373.8208 43:49 43:49    0  1.001    4483108    1132703   1080   2700   1049
375.8178 43:48 43:49   -1  1.000    3539906     907603    829   2072   1095  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 43:56 43:56    0  1.000    5264989    1231543   1080   2700   1140
375.8178 43:56 43:56    0  1.000    4141133     995663    829   2072   1201  1.27(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 44:40 44:40    0  1.000    4701066    1135424   1080   2700   1051
375.8178 44:40 44:40    0  1.000    3626294     883447    829   2072   1066  1.30(1.05-1.43)

1,2,3,7,8,9-HxCDF M
373.8208 45:36 45:36    0  1.000    3720804     863068   1080   2700    799
375.8178 45:36 45:36    0  1.000    2984117     696386    829   2072    840  1.25(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDF U
373.8208 44:10    1080    2700
375.8178 44:10     829    2072

1,2,3,4,6,7,8-HpCDD
423.7767 49:38 49:38    0  1.000    2257819     387832    140    350   2770
425.7737 49:38 49:38    0  1.000    2115665     362507     70    175   5179  1.07(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD U
423.7767 49:03 49:03    0  0.988      45435       3497    140    350
425.7737 49:03 49:03    0  0.988      48862       2613     70    175  0.93(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 47:58 47:58    0  1.000    3953673     797382     18     45  44299
409.7788 47:58 47:58    0  1.000    3628084     752781      5     12 150556  1.09(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50:17 50:17    0  1.000    3255269     535333     18     45  29741
409.7788 50:17 50:17    0  1.000    3017443     513286      5     12 102657  1.08(0.88-1.20)
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDF U
407.7817 48:21 49:56  -95  1.008      64152      10294     18     45    572
409.7788 48:21 49:56  -95  1.008      69325       7486      5     12   1497  0.93(0.88-1.20)

OCDD
457.7377 53:53 53:53    0  1.000    3822625     793225      4     10 198306
459.7348 53:53 53:53    0  1.000    4264342     890542     20     50  44527  0.90(0.76-1.02)

OCDF
441.7428 54:01 54:01    0  1.000    5255391    1176533     55    137  21392
443.7399 54:01 54:01    0  1.000    5544736    1269610      4     10 317403  0.95(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 30:48 30:48    0  1.017    4354799     456359    230    575   1984
333.9338 30:48 30:48    0  1.017    5484913     577313    148    370   3901  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:49 28:49    0  0.951    7140441     791020    267    667   2963
317.9389 28:49 28:49    0  0.951    8938548    1015462    524   1310   1938  0.80(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:34 40:34    0  1.339    4771627    1034958    843   2107   1228
369.8919 40:34 40:34    0  1.339    2983350     640047    541   1352   1183  1.60(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:46 38:46    0  1.280    7437732    1396617   3043   7607    459
353.8970 38:46 38:46    0  1.280    4687685     865427   2175   5437    398  1.59(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:02 40:02    0  1.321    7460098    1611206   3043   7607    529
353.8970 40:02 40:02    0  1.321    4629304     996444   2175   5437    458  1.61(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:49 44:49    0  0.989    4770374    1177346   1015   2537   1160
403.8529 44:49 44:49    0  0.989    3760489     922691    726   1815   1271  1.27(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:56 44:56    0  0.991    5230794    1177823   1015   2537   1160
403.8529 44:56 44:56    0  0.991    4142710     946537    726   1815   1304  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:47 43:47    0  0.966    4004757     998120   1096   2740    911
385.8610 43:47 43:47    0  0.966    7496820    1883934   2379   5947    792  0.53(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:55 43:55    0  0.969    5210628    1192368   1096   2740   1088
385.8610 43:55 43:55    0  0.969    9880494    2258222   2379   5947    949  0.53(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:39 44:39    0  0.985    4580595    1110569   1096   2740   1013
385.8610 44:39 44:39    0  0.985    8558706    2068842   2379   5947    870  0.54(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:35 45:35    0  1.006    4039281     824456   1096   2740    752
385.8610 45:35 45:35    0  1.006    7658898    1528796   2379   5947    643  0.53(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:37 49:37    0  1.095    4018546     683385    136    340   5025
437.8140 49:36 49:37   -1  1.094    3684356     629922    107    267   5887  1.09(0.88-1.20)
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:57 47:57    0  1.058    3145068     621001   1694   4235    367
419.8220 47:57 47:57    0  1.058    6888433    1358438   1414   3535    961  0.46(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:16    0  1.109    2647936     443371   1694   4235    262
419.8220 50:16 50:16    0  1.109    5743965     979334   1414   3535    693  0.46(0.37-0.51)

13C-OCDD
469.7780 53:52 53:52    0  1.188    5958985    1215049   1098   2745   1107
471.7750 53:52 53:52    0  1.188    6491815    1328499   1144   2860   1161  0.92(0.76-1.02)

13C-OCDF
453.7830 54:00 54:00    0  1.191   10052763    2198369    866   2165   2539
455.7801 54:00 54:00    0  1.191   11227544    2422873   1027   2567   2359  0.90(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:50 30:50    0  1.018    1108022     118414     77    192   1538

13C-1,2,3,4-TCDD
331.9368 30:17 30:17    0    4071878     447772    230    575   1947
333.9338 30:17 30:17    0    4991375     530251    148    370   3583  0.82(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:20 45:20    0    5538762    1142926   1015   2537   1126
403.8529 45:20 45:20    0    4406057     919959    726   1815   1267  1.26(1.05-1.43)

1,3,6,8-TCDF
303.9016 22:31 22:31    0  0.781     869183     131358     28     70   4691
305.8987 22:31 22:31    0  0.781    1111552     167903     47    117   3572  0.78(0.65-0.89)

1,3,6,8-TCDD
319.8965 24:55 24:55    0  0.809     478328      65560     26     65   2522
321.8936 24:55 24:55    0  0.809     600729      80311     57    142   1409  0.80(0.65-0.89)

1,2,8,9-TCDF
303.9016 33:54 33:54    0  1.177     676693      70503     28     70   2518
305.8987 33:54 33:54    0  1.177     856445      88565     47    117   1884  0.79(0.65-0.89)

1,2,8,9-TCDD
319.8965 34:02 34:02    0  1.105     420879      45290     26     65   1742
321.8936 34:02 34:02    0  1.105     515838      54660     57    142    959  0.82(0.65-0.89)

1,3,4,6,8-PeCDF
339.8597 34:40 34:40    0  0.894    4146045     500630    396    990   1264
341.8567 34:40 34:40    0  0.894    2589277     310958    270    675   1152  1.60(1.32-1.78)

1,2,4,7,9-PeCDD
355.8546 37:38 37:38    0  0.928    2299559     362858     11     27  32987
357.8516 37:38 37:38    0  0.928    1459429     229748      7     17  32821  1.58(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 41:15 41:15    0  1.017    2503805     535901     11     27  48718
357.8516 41:15 41:15    0  1.017    1594788     334274      7     17  47753  1.57(1.32-1.78)

1,2,3,8,9-PeCDF
339.8597 41:22 41:22    0  1.067    3769556     818076    396    990   2066
341.8567 41:22 41:22    0  1.067    2399590     512197    270    675   1897  1.57(1.32-1.78)
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,8-HxCDF
373.8208 42:35 42:35    0  0.973    4401846    1074068   1080   2700    995
375.8178 42:34 42:35   -1  0.972    3456698     830938    829   2072   1002  1.27(1.05-1.43)

1,2,4,6,7,9-HxCDD
389.8158 43:17 43:17    0  0.966    2996714     758146     16     40  47384
391.8127 43:17 43:17    0  0.966    2382204     595152     16     40  37197  1.26(1.05-1.43)

1,2,3,4,8,9-HxCDF Ma
373.8208 45:44 45:44    0  1.044    4237152     879315   1080   2700    814 M
375.8178 45:44 45:44    0  1.044    3370733     699712    829   2072    844  1.26(1.05-1.43)

1,2,3,4,6,7,9-HpCDD
423.7767 48:27 48:27    0  0.977    2282284     436062    140    350   3115
425.7737 48:27 48:27    0  0.977    2171774     417080     70    175   5958  1.05(0.88-1.20)

QC Flag Legend
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
Reagents:
61WDML3OP_F/L_00070 Amount Added:  20.00 Units: uL
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
CCV Relative RT Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV                   
Client ID:
Sample Type: WDMCCV
Inject. Date: 17-Dec-2019 12:34:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014066-001
Operator ID: Xcalibur_System Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 13:41:51 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: davidsonm Date: 17-Dec-2019 13:41:51

Start Cal Date: 16-May-2014 14:26:00
End Cal Date: 16-May-2014 18:31:00

Compound T/L
ICAL
RT

CCV
RT

R RT
(secs)

RT
Lmt

ICAL
RRT

CCV
RRT

RRT
Limits

13C-1,2,3,4-TCDD 31:17 30:17 -59 1.000 1.000 0.000 - 0.000
13C-2,3,7,8-TCDD 31:48 30:48 -60 1.017 1.017 0.976 - 1.043
2,3,7,8-TCDD 31:50 30:50 -60 1.001 1.001 0.999 - 1.002
37Cl4-2,3,7,8-TCDD 31:50 30:50 -60 1.018 1.018 0.989 - 1.052
13C-2,3,7,8-TCDF 29:44 28:49 -55 0.951 0.951 0.923 - 1.103
2,3,7,8-TCDF 29:47 28:51 -56 1.002 1.001 0.999 - 1.003
13C-1,2,3,7,8-PeCDD 41:00 40:34 -26 1.311 1.339 1.000 - 1.567
1,2,3,7,8-PeCDD 41:01 40:35 -26 1.000 1.000 0.999 - 1.002
13C-1,2,3,7,8-PeCDF 39:17 38:46 -30 1.256 1.280 1.000 - 1.425
1,2,3,7,8-PeCDF 39:18 38:47 -30 1.000 1.000 0.999 - 1.002
13C-2,3,4,7,8-PeCDF 40:29 40:02 -27 1.295 1.321 1.011 - 1.526
2,3,4,7,8-PeCDF 40:30 40:03 -27 1.000 1.000 0.999 - 1.002
13C-1,2,3,7,8,9-HxCDD 45:45 45:20 -25 1.000 1.000 0.000 - 0.000
13C-1,2,3,4,7,8-HxCDD 45:14 44:49 -25 0.989 0.989 0.977 - 1.000
1,2,3,4,7,8-HxCDD 45:15 44:50 -25 1.000 1.000 0.999 - 1.001
13C-1,2,3,6,7,8-HxCDD 45:21 44:56 -25 0.992 0.991 0.981 - 1.003
1,2,3,6,7,8-HxCDD 45:22 44:57 -25 1.000 1.000 0.998 - 1.004
1,2,3,7,8,9-HxCDD 45:46 45:21 -25 1.012 1.012 1.000 - 1.019
13C-1,2,3,4,7,8-HxCDF 44:11 43:47 -24 0.966 0.966 0.936 - 0.996
1,2,3,4,7,8-HxCDF 44:12 43:49 -23 1.000 1.001 0.999 - 1.001
13C-1,2,3,6,7,8-HxCDF 44:20 43:55 -24 0.969 0.969 0.949 - 0.975
1,2,3,6,7,8-HxCDF 44:21 43:56 -24 1.000 1.000 0.997 - 1.005
13C-2,3,4,6,7,8-HxCDF 45:03 44:39 -24 0.985 0.985 0.977 - 1.047
2,3,4,6,7,8-HxCDF 45:04 44:40 -24 1.000 1.000 0.999 - 1.001
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d

Compound T/L
ICAL
RT

CCV
RT

R RT
(secs)

RT
Lmt

ICAL
RRT

CCV
RRT

RRT
Limits

13C-1,2,3,7,8,9-HxCDF 46:02 45:35 -27 1.006 1.006 0.959 - 1.021
1,2,3,7,8,9-HxCDF 46:03 45:36 -27 1.000 1.000 0.999 - 1.001
13C-1,2,3,4,6,7,8-HpCDD 50:11 49:37 -33 1.097 1.095 1.086 - 1.110
1,2,3,4,6,7,8-HpCDD 50:12 49:38 -33 1.000 1.000 0.999 - 1.001
13C-1,2,3,4,6,7,8-HpCDF 48:28 47:57 -30 1.059 1.058 1.043 - 1.085
1,2,3,4,6,7,8-HpCDF 48:29 47:58 -30 1.000 1.000 0.999 - 1.001
13C-1,2,3,4,7,8,9-HpCDF 50:48 50:16 -32 1.111 1.109 1.057 - 1.151
1,2,3,4,7,8,9-HpCDF 50:49 50:17 -32 1.000 1.000 0.999 - 1.001
13C-OCDD 54:18 53:52 -25 1.187 1.188 1.032 - 1.311
OCDD 54:19 53:53 -25 1.000 1.000 0.999 - 1.001
13C-OCDF 54:26 54:00 -25 1.190 1.191 1.092 - 1.292
OCDF 54:27 54:01 -25 1.000 1.000 0.999 - 1.008
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 12:34:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDD, RT: 29.467

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                        100.000         9839712         1033672
Averages:

RRFn Qis Ris Area Ris Height
  1.173        100.000         9839712         1033672

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

30:21            449151             48962            563551             58784        8.77 0.80
30:34            395117             42843            496338             54228        7.72 0.80
31:20            458342             46605            565779             56433        8.87 0.81
Signal Totals:

          1302610            138410           1625668            169445
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          2928278            307855 0.80

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         25.364 = (2928278 * 100.000) / (9839712 * 1.173)
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 12:34:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDF, RT: 28.196

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                        100.000        16078989         1806482
Averages:

RRFn Qis Ris Area Ris Height
  1.088        100.000        16078989         1806482

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

24:23              1970               190              2426               313      0.0251 0.81 n
25:00              3006               246              2720               295      0.0327 1.11 RnQ
25:00              2094               227              2720               295      0.0275 Empc Correction
27:02              4892               394              5588               625      0.0599 0.88
27:46             17103              1872             17902              1808      0.2001 0.96 RQ
27:46             13784              1392             17902              1808      0.1811 Empc Correction
29:27              2878               253              2797               278      0.0324 1.03 RnQ
29:27              2153               214              2797               278      0.0283 Empc Correction
30:20              1906               213              2013               300      0.0224 0.95 RnQ
30:20              1550               230              2013               300      0.0204 Empc Correction
30:27              1916               222              2536               271      0.0254 0.76 n
31:06              3849               296              3190               302      0.0402 1.21 RnQ
31:06              2456               232              3190               302      0.0323 Empc Correction

Compound is Marked ND
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 12:34:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-PeCDD, RT: 39.432

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                     100.000         7754977         1675005
Averages:

RRFn Qis Ris Area Ris Height
  1.043        100.000         7754977         1675005

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

40:48             48319              7136             13880              1908      0.7687 3.48 RQ
40:48             21513              2957             13880              1908      0.4374 Empc Correction

Compound is Marked ND
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 12:34:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-PeCDF, RT: 38.009

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                     100.000        12125417         2262044
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                     100.000        12089402         2607650
Averages:

RRFn Qis Ris Area Ris Height
  1.150        100.000        12107409         2434847

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

37:13             48217              5928             32490              4153      0.5798 1.48

Compound is Marked ND
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 12:34:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HxCDD, RT: 44.304

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                   100.000         8530863         2100037
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                   100.000         9373504         2124360
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170        100.000         8952183         2112198

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

Compound is Marked ND
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 12:34:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HxCDF, RT: 44.151

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                   100.000        11501577         2882054
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                   100.000        15091122         3450590
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                   100.000        13139301         3179411
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                   100.000        11698179         2353252
Averages:

RRFn Qis Ris Area Ris Height
  1.290        100.000        12857544         2966326

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

Compound is Marked ND

Page 2049 of 2476



Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 12:34:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000         7702902         1313307
Averages:

RRFn Qis Ris Area Ris Height
  1.120        100.000         7702902         1313307

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

50:17             45435              3497             48862              2613        1.09 0.93

Compound is Marked ND
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 17-Dec-2019 12:34:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36146 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HpCDF, RT: 49.925

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        10033501         1979439
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000         8391901         1422705
Averages:

RRFn Qis Ris Area Ris Height
  1.440        100.000         9212701         1701072

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:21             64152             10294             69325              7486        1.01 0.93
48:36             60744              9732             64618              8746      0.9453 0.94
51:03            103941              2576             56987              2082        1.21 1.82 RQ
51:03             59266              2165             56987              2082      0.8766 Empc Correction

Compound is Marked ND
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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0

10

20

30

40

50

60

70

Y
 ( 

X
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)

F1:m/z     319.8965

F 1,3,6,8-TCDD
          24.91

27.81 31.8725.64

L 1,2,8,9-TCDD
          34.02
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Y
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F1:m/z     321.8936

F 1,3,6,8-TCDD
          24.91

27.8325.62

L 1,2,8,9-TCDD
          34.02

TCDD Standards
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Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F1:m/z     331.9368
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          30.28

13C-2,3,7,8-TCDD
          30.79
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          30.28

31.44

13C-2,3,7,8-TCDD
          30.79
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Report Date: 17-Dec-2019 13:41:51 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min
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F1:m/z     319.8965

F 1,3,6,8-TCDD
          24.91

27.81 31.8725.64

L 1,2,8,9-TCDD
          34.02
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F1:m/z     321.8936

F 1,3,6,8-TCDD
          24.91

27.8325.62

L 1,2,8,9-TCDD
          34.02

TCDD Lock Mass
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Min
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Standards
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          30.79
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
TCDF
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TCDF Standards
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0
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6
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14

16

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

F 1,3,6,8-TCDF
          22.50

2,3,7,8-TCDF
          28.84

27.76 31.0929.4425.0023.36 33.21

L 1,2,8,9-TCDF
          33.89

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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X
10
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F1:m/z     305.8987

F 1,3,6,8-TCDF
          22.50

2,3,7,8-TCDF
          28.84

27.7224.47 31.1124.9322.94

L 1,2,8,9-TCDF
          33.89

TCDF Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9

18

27

36

45
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99

Y

F1:m/z     313.9834
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Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min
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Y
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X
10

00
0)

F1:m/z     303.9016

F 1,3,6,8-TCDF
          22.50

2,3,7,8-TCDF
          28.84

27.76 31.0929.4425.0023.36 33.21

L 1,2,8,9-TCDF
          33.89

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min
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2
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6
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12
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16
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Y
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X
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00
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F1:m/z     305.8987

F 1,3,6,8-TCDF
          22.50

2,3,7,8-TCDF
          28.84

27.7224.47 31.1124.9322.94

L 1,2,8,9-TCDF
          33.89

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

2

6
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F1:m/z     375.8364
21.85

Page 2058 of 2476



Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
PeCDD
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X
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F2:m/z     355.8546

F 1,2,4,7,9-PeCDD
          37.62

40.79

L 1,2,3,8,9-PeCDD
          41.24

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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Y
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X
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F2:m/z     357.8516

F 1,2,4,7,9-PeCDD
          37.62

40.86 41.66

L 1,2,3,8,9-PeCDD
          41.24

PeCDD Standards

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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F2:m/z     367.8949

13C-1,2,3,7,8-PeCDD
          40.55

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)
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          40.55
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F2:m/z     355.8546

F 1,2,4,7,9-PeCDD
          37.62

40.79

L 1,2,3,8,9-PeCDD
          41.24

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0
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40

Y
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X
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00
0)

F2:m/z     357.8516

F 1,2,4,7,9-PeCDD
          37.62

40.86 41.66

L 1,2,3,8,9-PeCDD
          41.24

PeCDD Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F2:m/z     313.9834
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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)

F2:m/z     339.8597

F 1,3,4,6,8-PeCDF
          34.66

1,2,3,7,8-PeCDF
          38.78

37.21

L 1,2,3,8,9-PeCDF
          41.36

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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X
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0)

F2:m/z     341.8567

F 1,3,4,6,8-PeCDF
          34.66

1,2,3,7,8-PeCDF
          38.78

39.3137.22

L 1,2,3,8,9-PeCDF
          41.36

PeCDF Standards

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F2:m/z     351.9000

13C-1,2,3,7,8-PeCDF
          38.76

41.35

13C-2,3,4,7,8-PeCDF
          40.02
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Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F2:m/z     353.8970

13C-1,2,3,7,8-PeCDF
          38.76

41.3539.29

13C-2,3,4,7,8-PeCDF
          40.02
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Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597

F 1,3,4,6,8-PeCDF
          34.66

1,2,3,7,8-PeCDF
          38.78

37.21

L 1,2,3,8,9-PeCDF
          41.36

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0
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Y
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X
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00
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F2:m/z     341.8567

F 1,3,4,6,8-PeCDF
          34.66

1,2,3,7,8-PeCDF
          38.78

39.3137.22

L 1,2,3,8,9-PeCDF
          41.36

PeCDF Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F2:m/z     313.9834
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

1

2

3

4

5

6

7

8

9

10
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Y
 ( 

X
10

00
00

)

F2:m/z     339.8597

F 1,3,4,6,8-PeCDF
          34.66

1,2,3,7,8-PeCDF
          38.78

37.21

L 1,2,3,8,9-PeCDF
          41.36

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

6

12

18

24
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Y
 ( 

X
10

00
0)

F2:m/z     341.8567

F 1,3,4,6,8-PeCDF
          34.66

1,2,3,7,8-PeCDF
          38.78

39.3137.22

L 1,2,3,8,9-PeCDF
          41.36

PeCDF Interference Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

1

3

5

7

9

11

13

15

Y
 ( 

X
10

)

F2:m/z     409.7974 37.36

40.54
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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00
0)

F3:m/z     389.8158

F 1,2,4,6,7,9-HxCDD
          43.27 L 1,2,3,7,8,9-HxCDD

          45.33

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     391.8127

F 1,2,4,6,7,9-HxCDD
          43.27 L 1,2,3,7,8,9-HxCDD

          45.33

HxCDD Standards

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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)

F3:m/z     401.8559

13C-1,2,3,4,7,8-HxCDD
          44.81

13C-1,2,3,7,8,9-HxCDD
          45.32
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Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     403.8529
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          44.81

13C-1,2,3,7,8,9-HxCDD
          45.32
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0
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24
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40
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Y
 ( 

X
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00
0)

F3:m/z     389.8158

F 1,2,4,6,7,9-HxCDD
          43.27

L 1,2,3,7,8,9-HxCDD
          45.33

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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63
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Y
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X
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00
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F3:m/z     391.8127

F 1,2,4,6,7,9-HxCDD
          43.27

L 1,2,3,7,8,9-HxCDD
          45.33

HxCDD Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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2
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)

F3:m/z     373.8208

F 1,2,3,4,6,8-HxCDF
          42.58

1,2,3,6,7,8-HxCDF
          43.93

L 1,2,3,4,8,9-HxCDF
          45.72
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F3:m/z     375.8178

F 1,2,3,4,6,8-HxCDF
          42.56

1,2,3,6,7,8-HxCDF
          43.93

L 1,2,3,4,8,9-HxCDF
          45.72

HxCDF Standards

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     383.8639

13C-1,2,3,4,7,8-HxCDF
          43.78

13C-2,3,4,6,7,8-HxCDF
          44.64

13C-1,2,3,7,8,9-HxCDF
          45.57
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F3:m/z     385.8610

13C-1,2,3,4,7,8-HxCDF
          43.78

13C-2,3,4,6,7,8-HxCDF
          44.64

13C-1,2,3,7,8,9-HxCDF
          45.57
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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00
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)

F3:m/z     373.8208

F 1,2,3,4,6,8-HxCDF
          42.58

1,2,3,6,7,8-HxCDF
          43.93

L 1,2,3,4,8,9-HxCDF
          45.72

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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)

F3:m/z     375.8178

F 1,2,3,4,6,8-HxCDF
          42.56

1,2,3,6,7,8-HxCDF
          43.93

L 1,2,3,4,8,9-HxCDF
          45.72

HxCDF Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18

27

36

45
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63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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00
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)

F3:m/z     373.8208

F 1,2,3,4,6,8-HxCDF
          42.58

1,2,3,6,7,8-HxCDF
          43.93

L 1,2,3,4,8,9-HxCDF
          45.72

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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2
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6
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10
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Y
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X
10

00
00

)

F3:m/z     375.8178

F 1,2,3,4,6,8-HxCDF
          42.56

1,2,3,6,7,8-HxCDF
          43.93

L 1,2,3,4,8,9-HxCDF
          45.72

HxCDF Interference Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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F3:m/z     445.7555
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Instrument ID: D2A
Lims ID: WDMCCV                   
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
RT:  45.59
Area: 1948390
Amount:   38.543631
Amount Units: pg/ul
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5.

58
7

Manual Integration Results
RT:  45.59
Area: 2984117
Amount:   45.585317
Amount Units: pg/ul
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Reviewer: davidsonm, 17-Dec-2019 13:37:48
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
HpCDD
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F4:m/z     423.7767

F 1,2,3,4,6,7,9-HpCDD
          48.45

50.27 51.79

L 1,2,3,4,6,7,8-HpCDD
          49.63
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F4:m/z     425.7737

F 1,2,3,4,6,7,9-HpCDD
          48.45
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L 1,2,3,4,6,7,8-HpCDD
          49.63

HpCDD Standards
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          49.61
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13C-1,2,3,4,6,7,8-HpCDD
          49.60

48.43 50.25 51.03 51.74
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
HpCDD
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F4:m/z     423.7767

F 1,2,3,4,6,7,9-HpCDD
          48.45

50.27 51.79

L 1,2,3,4,6,7,8-HpCDD
          49.63
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F4:m/z     425.7737

F 1,2,3,4,6,7,9-HpCDD
          48.45

50.25

L 1,2,3,4,6,7,8-HpCDD
          49.63

HpCDD Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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F4:m/z     413.9770
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
HpCDF
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F4:m/z     407.7817

F 1,2,3,4,6,7,8-HpCDF
          47.96

48.35 51.05

L 1,2,3,4,7,8,9-HpCDF
          50.27
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F4:m/z     409.7788

F 1,2,3,4,6,7,8-HpCDF
          47.96
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L 1,2,3,4,7,8,9-HpCDF
          50.27

HpCDF Standards
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13C-1,2,3,4,6,7,8-HpCDF
          47.94
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13C-1,2,3,4,7,8,9-HpCDF
          50.25
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13C-1,2,3,4,6,7,8-HpCDF
          47.94
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13C-1,2,3,4,7,8,9-HpCDF
          50.25
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
HpCDF
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F4:m/z     407.7817

F 1,2,3,4,6,7,8-HpCDF
          47.96

48.35 51.05

L 1,2,3,4,7,8,9-HpCDF
          50.27
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F4:m/z     409.7788

F 1,2,3,4,6,7,8-HpCDF
          47.96

48.58 50.90 51.30

L 1,2,3,4,7,8,9-HpCDF
          50.27

HpCDF Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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Y

F4:m/z     413.9770
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Report Date: 17-Dec-2019 13:41:52 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min
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F4:m/z     407.7817

F 1,2,3,4,6,7,8-HpCDF
          47.96

48.35 51.05

L 1,2,3,4,7,8,9-HpCDF
          50.27
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F4:m/z     409.7788

F 1,2,3,4,6,7,8-HpCDF
          47.96

48.58 50.90 51.30

L 1,2,3,4,7,8,9-HpCDF
          50.27

HpCDF Interference Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
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F4:m/z     479.7165
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Report Date: 17-Dec-2019 13:41:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
OCDD
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Report Date: 17-Dec-2019 13:41:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
OCDD
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OCDD Lock Mass
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F5:m/z     425.9770
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Report Date: 17-Dec-2019 13:41:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
OCDF
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OCDF Standards
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Report Date: 17-Dec-2019 13:41:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
OCDF
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OCDF Lock Mass

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
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Report Date: 17-Dec-2019 13:41:53 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14066.b\d3191217s2.d
Injection Date: 17-Dec-2019 12:34:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36146 Sample Line#: 1
Column Type: Column Dia:
OCDF
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OCDF Interference Mass
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Min

2

4

6

8

10

12

14

16

18

20

22

24

Y
 ( 

X
10

)

F5:m/z     513.6775

Page 2079 of 2476



FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

140-17578-1

D2A

12/18/2019  00:01

05/16/2014  14:26

05/16/2014  18:31

WDMCCV 140-36166/1

RTX-5

Eurofins TestAmerica, Knoxville

Lab File ID: d3191217s3.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDF AveID 1.088 1.117 10.3 10.0 103 84-120

2,3,7,8-TCDD AveID 1.173 1.179 10.0 10.0 100 78-129

1,2,3,7,8-PeCDF AveID 1.190 1.191 50.1 50.0 100 82-120

2,3,4,7,8-PeCDF AveID 1.109 1.088 49.0 50.0 98 82-122

1,2,3,7,8-PeCDD AveID 1.043 1.029 49.3 50.0 99 78-130

1,2,3,4,7,8-HxCDF AveID 1.363 1.383 50.7 50.0 101 90-112

1,2,3,6,7,8-HxCDF AveID 1.276 1.254 49.1 50.0 98 88-114

2,3,4,6,7,8-HxCDF AveID 1.265 1.241 49.1 50.0 98 88-114

1,2,3,4,7,8-HxCDD AveID 1.141 1.147 50.3 50.0 101 78-128

1,2,3,6,7,8-HxCDD AveID 1.148 1.118 48.7 50.0 97 78-128

1,2,3,7,8,9-HxCDD AveID 1.221 1.231 50.4 50.0 101 82-122

1,2,3,7,8,9-HxCDF AveID 1.257 1.177 46.8 50.0 94 90-112

1,2,3,4,6,7,8-HpCDF AveID 1.498 1.512 50.5 50.0 101 90-110

1,2,3,4,6,7,8-HpCDD AveID 1.120 1.116 49.8 50.0 100 86-116

1,2,3,4,7,8,9-HpCDF AveID 1.381 1.441 52.2 50.0 104 86-116

OCDD AveID 1.207 1.241 103 100 103 79-126

OCDF AveID 1.116 1.009 90.4 100 90 63-159

13C-2,3,7,8-TCDF Ave 1.755 1.657 94.4 100 94 71-140

13C-2,3,7,8-TCDD Ave 1.071 1.041 97.2 100 97 82-121

13C-1,2,3,7,8-PeCDF Ave 1.370 1.312 95.7 100 96 76-130

13C-2,3,4,7,8-PeCDF Ave 1.384 1.246 90.1 100 90 77-130

13C-1,2,3,7,8-PeCDD Ave 0.8743 0.7911 90.5 100 90 62-160

13C-1,2,3,4,7,8-HxCDF Ave 1.189 1.247 105 100 105 76-131

13C-1,2,3,6,7,8-HxCDF Ave 1.462 1.554 106 100 106 70-143

13C-2,3,4,6,7,8-HxCDF Ave 1.320 1.329 101 100 101 73-137

13C-1,2,3,4,7,8-HxCDD Ave 0.8772 0.8809 100 100 100 85-117

13C-1,2,3,6,7,8-HxCDD Ave 0.9171 0.9648 105 100 105 85-118

13C-1,2,3,7,8,9-HxCDF Ave 1.200 1.223 102 100 102 74-135

13C-1,2,3,4,6,7,8-HpCDF Ave 1.050 0.9950 94.8 100 95 78-129

13C-1,2,3,4,6,7,8-HpCDD Ave 0.8155 0.8025 98.4 100 98 72-138

13C-1,2,3,4,7,8,9-HpCDF Ave 0.8947 0.8420 94.1 100 94 77-129

13C-OCDD Ave 0.7044 0.6152 175 200 87 48-208

13C-OCDF Ave 1.061 1.049 198 200 99 48-208

37Cl4-2,3,7,8-TCDD Ave 1.227 1.151 9.38 10.0 94 79-127

FORM VII 1613B
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Report Date: 18-Dec-2019 01:05:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Lims ID: WDMCCV                   
Client ID:
Sample Type: WDMCCV
Inject. Date: 18-Dec-2019 00:01:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-001
Operator ID: Xcalibur_System Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:05:09 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 01:05:09

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:49     488371 0.80   1.1733        10.0        10.0   0.0393   0.0393    100  a
A Non-2,3,7,8-sub-TCDD 29:27    1296852 0.80   1.1733        26.7        26.7   0.0393    9.443   0.00  a
S Total TCDD        36.7        36.7   0.0393   0.0393

  2,3,7,8-TCDF 28:49     736420 0.78   1.0881        10.3        10.3   0.0196   0.0196    103
A Non-2,3,7,8-sub-TCDF 28:10   0.0196   0.1934  RQU
S Total TCDF        10.3        10.3   0.0196   0.0196

  1,2,3,7,8-PeCDD 40:33    1619149 1.60   1.0434        49.3        49.3   0.0137   0.0137  98.58
A Non-2,3,7,8-sub-PeCDD 39:24   0.0137   0.9674  U
S Total PeCDD        49.3        49.3   0.0137   0.0137

  1,2,3,7,8-PeCDF 38:45    3109308 1.56   1.1898        50.1        50.1   0.0702   0.0702    100
  2,3,4,7,8-PeCDF 40:01    2698344 1.57   1.1095        49.0        49.0   0.0689   0.0689  98.06
A Non-2,3,7,8-sub-PeCDF 37:59   0.0694   0.0694
S Total PeCDF        99.1        99.1   0.0695   0.0695

  1,2,3,4,7,8-HxCDD 44:49    2030635 1.25   1.1409        50.3        50.3 0.007205 0.007205    101
  1,2,3,6,7,8-HxCDD 44:56    2167617 1.29   1.1481        48.7        48.7 0.007398 0.007398  97.35
  1,2,3,7,8,9-HxCDD 45:18    2283857 1.25   1.2212        50.4        50.4 0.006841 0.006841    101
A Non-2,3,7,8-sub-HxCDD 44:17 0.007140    1.500  U
S Total HxCDD       149.3       149.3 0.007148 0.007148

  1,2,3,4,7,8-HxCDF 43:47    3466277 1.27   1.3629        50.7        50.7   0.0864   0.0864    101
  1,2,3,6,7,8-HxCDF 43:55    3915092 1.25   1.2762        49.1        49.1   0.0845   0.0845  98.22
  2,3,4,6,7,8-HxCDF 44:38    3316012 1.24   1.2654        49.1        49.1   0.1010   0.1010  98.11
  1,2,3,7,8,9-HxCDF 45:35    2894813 1.30   1.2573        46.8        46.8   0.1191   0.1191  93.63
A Non-2,3,7,8-sub-HxCDF 44:08   0.0961   0.0961
S Total HxCDF       195.7       195.7   0.0977   0.0977

  1,2,3,4,6,7,8-HpCDD 49:36    1800790 1.04   1.1204        49.8        49.8   0.0541   0.0541  99.64
A Non-2,3,7,8-sub-HpCDD 49:01   0.0541   0.5140  RQU
S Total HpCDD        49.8        49.8   0.0541   0.0541

  1,2,3,4,6,7,8-HpCDF 47:57    3023835 1.03   1.4984        50.5        50.5 0.005576 0.005576    101
  1,2,3,4,7,8,9-HpCDF 50:16    2439009 1.05   1.3807        52.2        52.2 0.007857 0.007857    104
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Report Date: 18-Dec-2019 01:05:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

A Non-2,3,7,8-sub-HpCDF 49:31 0.006557    1.522  RQU
S Total HpCDF       102.6       102.6 0.006716 0.006716

  OCDD 53:51    3068643 0.90   1.2073       102.8       102.8   0.0121   0.0121    103
  OCDF 53:59    4255104 0.93   1.1162        90.4        90.4   0.0182   0.0182  90.42
D 13C-2,3,7,8-TCDD 30:45    4143284 0.80   1.0709        97.2        97.2   0.2525   0.2525  97.22
D 13C-2,3,7,8-TCDF 28:46    6592771 0.82   1.7545        94.4        94.4   0.1428   0.1428  94.42
D 13C-1,2,3,7,8-PeCDD 40:32    3148238 1.61   0.8743        90.5        90.5   0.5429   0.5429  90.48
D 13C-1,2,3,7,8-PeCDF 38:44    5219881 1.59   1.3704        95.7        95.7    1.154    1.154  95.71
D 13C-2,3,4,7,8-PeCDF 40:00    4960376 1.57   1.3837        90.1        90.1    1.143    1.143  90.08
D 13C-1,2,3,4,7,8-HxCDD 44:48    3541222 1.26   0.8772       100.4       100.4   0.5240   0.5240    100
D 13C-1,2,3,6,7,8-HxCDD 44:55    3878769 1.30   0.9171       105.2       105.2   0.5012   0.5012    105
D 13C-1,2,3,4,7,8-HxCDF 43:46    5011937 0.52   1.1892       104.8       104.8   0.3943   0.3943    105
D 13C-1,2,3,6,7,8-HxCDF 43:54    6246598 0.55   1.4625       106.2       106.2   0.3206   0.3206    106
D 13C-2,3,4,6,7,8-HxCDF 44:37    5341977 0.53   1.3197       100.7       100.7   0.3553   0.3553    101
D 13C-1,2,3,7,8,9-HxCDF 45:34    4917738 0.53   1.2001       101.9       101.9   0.3907   0.3907    102
D 13C-1,2,3,4,6,7,8-HpCDD 49:35    3226208 1.09   0.8155        98.4        98.4   0.7669   0.7669  98.41
D 13C-1,2,3,4,6,7,8-HpCDF 47:55    3999833 0.45   1.0496        94.8        94.8   0.4868   0.4868  94.79
D 13C-1,2,3,4,7,8,9-HpCDF 50:15    3385095 0.46   0.8947        94.1        94.1   0.5711   0.5711  94.11
D 13C-OCDD 53:51    4946295 0.90   0.7044       174.7       174.7   0.6162   0.6162  87.34
D 13C-OCDF 53:59    8431846 0.92   1.0615       197.6       197.6   0.2720   0.2720  98.80
$ 37Cl4-2,3,7,8-TCDD 30:47     457966   1.2266       9.382       9.382   0.0265   0.0265  93.82

* 13C-1,2,3,4-TCDD 30:15    3979567 0.85  9.1E+04       100.0       100.0    100

* 13C-1,2,3,7,8,9-HxCDD 45:17    4020106 1.24    1E+05       100.0       100.0    100

  1,3,6,8-TCDF 22:28     820036 0.82   0.00
  1,3,6,8-TCDD 24:53     449942 0.76   0.00
  1,2,8,9-TCDF 33:52     675098 0.77   0.00
  1,2,8,9-TCDD 34:00     420518 0.81   0.00
  1,3,4,6,8-PeCDF 34:37    2754421 1.58   0.00
  1,2,4,7,9-PeCDD 37:36    1576991 1.59   0.00
  1,2,3,8,9-PeCDD 41:13    1715702 1.60   0.00
  1,2,3,8,9-PeCDF 41:20    2529100 1.63   0.00
  1,2,3,4,6,8-HxCDF 42:33    3192853 1.25   0.00
  1,2,4,6,7,9-HxCDD 43:15    2292517 1.26   0.00
  1,2,3,4,8,9-HxCDF 45:43    3024834 1.17   0.00
  1,2,3,4,6,7,9-HpCDD 48:25    1983419 1.05   0.00

QC Flag Legend
Review Flags
  U - Marked Undetected
  a - User Assigned ID
Reagents:
61WDML3OP_F/L_00070 Amount Added:  20.00 Units: uL
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Report Date: 18-Dec-2019 01:05:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Lims ID: WDMCCV                   
Client ID:
Sample Type: WDMCCV
Inject. Date: 18-Dec-2019 00:01:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-001
Operator ID: Xcalibur_System Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:05:09 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 01:05:09

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD a
319.8965 30:49 30:49    0  1.002     216372      22350     40    100    559 a
321.8936 30:48 30:49   -1  1.002     271999      27847     40    100    696  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDD a

319.8965 30:18 29:27   51  0.985     189603      21031     40    100    526 a
321.8936 30:18 29:27   51  0.985     227970      26938     40    100    673  0.83(0.65-0.89)

319.8965 30:33 29:27   66  0.993     182165      19564     40    100    489 a
321.8936 30:32 29:27   65  0.993     238056      24095     40    100    602  0.77(0.65-0.89)

319.8965 31:18 29:27  111  1.018     204389      20186     40    100    505 a
321.8936 31:18 29:27  111  1.018     254669      26778     40    100    669  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:49 28:49    0  1.002     322985      35733     32     80   1117
305.8987 28:49 28:49    0  1.002     413435      45160     32     80   1411  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDF U
303.9016 23:18 28:10 -291  0.810        838        166     32     80      5
305.8987 23:22 28:10 -287  0.813       1440        169     32     80      5  0.58(0.65-0.89)

Empc Correction       1088        215     32     80      7

1,2,3,7,8-PeCDD
355.8546 40:33 40:33    0  1.000     995568     214193     20     50  10710
357.8516 40:33 40:33    0  1.000     623581     140614     21     52   6696  1.60(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD U
355.8546 39:24 39:24    0  0.972      18698       2376     20     50
357.8516 39:24 39:24    0  0.972      13081       2205     21     52  1.43(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 38:45 38:45    0  1.000    1892648     360789    201    502   1795
341.8567 38:45 38:45    0  1.000    1216660     233105    134    335   1740  1.56(1.32-1.78)
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Report Date: 18-Dec-2019 01:05:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,7,8-PeCDF
339.8597 40:01 40:01    0  1.000    1646799     364003    201    502   1811
341.8567 40:01 40:01    0  1.000    1051545     229754    134    335   1715  1.57(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF
339.8597 37:59     201     502
341.8567 37:59     134     335

1,2,3,4,7,8-HxCDD
389.8158 44:49 44:49    0  1.000    1127299     287807     19     47  15148
391.8127 44:49 44:49    0  1.000     903336     225229     11     27  20475  1.25(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:56 44:56    0  1.000    1219973     273516     19     47  14396
391.8127 44:55 44:56   -1  1.000     947644     216766     11     27  19706  1.29(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:18 45:18    0  1.011    1267258     282733     19     47  14881
391.8127 45:18 45:18    0  1.011    1016599     226892     11     27  20627  1.25(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD U
389.8158 44:17 44:17    0  0.986      38212       1818     19     47
391.8127 44:17 44:17    0  0.986      26900       1561     11     27  1.42(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 43:47 43:47    0  1.000    1940118     525594    369    922   1424
375.8178 43:47 43:47    0  1.000    1526159     420155    278    695   1511  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 43:55 43:55    0  1.000    2171325     539266    369    922   1461
375.8178 43:55 43:55    0  1.000    1743767     410649    278    695   1477  1.25(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 44:38 44:38    0  1.000    1837707     443797    369    922   1203
375.8178 44:38 44:38    0  1.000    1478305     363204    278    695   1306  1.24(1.05-1.43)

1,2,3,7,8,9-HxCDF
373.8208 45:35 45:35    0  1.000    1637718     386518    369    922   1047
375.8178 45:35 45:35    0  1.000    1257095     300630    278    695   1081  1.30(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 44:08     369     922
375.8178 44:08     278     695

1,2,3,4,6,7,8-HpCDD
423.7767 49:36 49:36    0  1.000     919797     173322     62    155   2796
425.7737 49:36 49:36    0  1.000     880993     161779     82    205   1973  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD U
423.7767 49:01 49:01    0  0.988      11622        986     62    155

Empc Correction       9472        785     62    155      0
425.7737 49:01 49:01    0  0.988       9108        755     82    205  1.28(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 47:57 47:57    0  1.001    1532382     314677      6     15  52446
409.7788 47:56 47:57   -1  1.000    1491453     299291     21     52  14252  1.03(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50:16 50:16    0  1.000    1248750     225774      6     15  37629
409.7788 50:16 50:16    0  1.000    1190259     213760     21     52  10179  1.05(0.88-1.20)
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Report Date: 18-Dec-2019 01:05:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDF U
407.7817 48:19 49:31  -72  1.008      29975       3372      6     15    562

Empc Correction      21987       3503      6     15    584
409.7788 48:19 49:31  -72  1.008      21142       3369     21     52    160  1.42(0.88-1.20)

OCDD
457.7377 53:51 53:51    0  1.000    1451375     311066      9     22  34563
459.7348 53:51 53:51    0  1.000    1617268     351891     22     55  15995  0.90(0.76-1.02)

OCDF
441.7428 53:59 53:59    0  1.000    2052154     463793     35     87  13251
443.7399 53:59 53:59    0  1.000    2202950     508394     41    102  12400  0.93(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 30:45 30:45    0  1.017    1837644     196535    239    597    822
333.9338 30:45 30:45    0  1.017    2305640     236851    234    585   1012  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:46 28:46    0  0.951    2967903     335668    233    582   1441
317.9389 28:46 28:46    0  0.951    3624868     413182    205    512   2016  0.82(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:32 40:32    0  1.340    1940547     434403    546   1365    796
369.8919 40:32 40:32    0  1.340    1207691     277084    284    710    976  1.61(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:44 38:44    0  1.281    3205205     612486   1224   3060    500
353.8970 38:44 38:44    0  1.281    2014676     390311   1541   3852    253  1.59(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:00 40:00    0  1.322    3033713     669479   1224   3060    547
353.8970 40:00 40:00    0  1.322    1926663     425542   1541   3852    276  1.57(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:48 44:48    0  0.989    1971804     509878   1001   2502    509
403.8529 44:48 44:48    0  0.989    1569418     402603    637   1592    632  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:55 44:55    0  0.992    2193648     493516   1001   2502    493
403.8529 44:54 44:55   -1  0.991    1685121     389499    637   1592    611  1.30(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:46 43:46    0  0.966    1721318     486284    650   1625    748
385.8610 43:46 43:46    0  0.966    3290619     887706   1021   2552    869  0.52(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:54 43:54    0  0.969    2222488     524755    650   1625    807
385.8610 43:54 43:54    0  0.969    4024110     974731   1021   2552    955  0.55(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:37 44:37    0  0.985    1860850     436237    650   1625    671
385.8610 44:37 44:37    0  0.985    3481127     829040   1021   2552    812  0.53(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:34 45:34    0  1.006    1697562     371719    650   1625    572
385.8610 45:34 45:34    0  1.006    3220176     707764   1021   2552    693  0.53(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:35 49:35    0  1.095    1681554     313284   1216   3040    258
437.8140 49:35 49:35    0  1.095    1544654     280706   1013   2532    277  1.09(0.88-1.20)
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Report Date: 18-Dec-2019 01:05:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:55 47:55    0  1.058    1238533     247289    801   2002    309
419.8220 47:55 47:55    0  1.058    2761300     554630   1020   2550    544  0.45(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:15 50:15    0  1.109    1071465     199342    801   2002    249
419.8220 50:15 50:15    0  1.109    2313630     418282   1020   2550    410  0.46(0.37-0.51)

13C-OCDD
469.7780 53:51 53:51    0  1.189    2340980     498307    584   1460    853
471.7750 53:51 53:51    0  1.189    2605315     560226    963   2407    582  0.90(0.76-1.02)

13C-OCDF
453.7830 53:59 53:59    0  1.192    4029819     895910    558   1395   1606
455.7801 53:59 53:59    0  1.192    4402027     969771    471   1177   2059  0.92(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:47 30:47    0  1.018     457966      47577     57    142    835

13C-1,2,3,4-TCDD
331.9368 30:15 30:15    0    1823269     198098    239    597    829
333.9338 30:15 30:15    0    2156298     239033    234    585   1022  0.85(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:17 45:17    0    2223604     495569   1001   2502    495
403.8529 45:17 45:17    0    1796502     395333    637   1592    621  1.24(1.05-1.43)

1,3,6,8-TCDF
303.9016 22:28 22:28    0  0.781     368259      53996     32     80   1687
305.8987 22:29 22:28    1  0.782     451777      67168     32     80   2099  0.82(0.65-0.89)

1,3,6,8-TCDD
319.8965 24:53 24:53    0  0.809     194481      26282     40    100    657
321.8936 24:53 24:53    0  0.809     255461      35449     40    100    886  0.76(0.65-0.89)

1,2,8,9-TCDF
303.9016 33:52 33:52    0  1.177     294275      29942     32     80    936
305.8987 33:51 33:52   -1  1.177     380823      39477     32     80   1234  0.77(0.65-0.89)

1,2,8,9-TCDD
319.8965 34:00 34:00    0  1.106     187753      20767     40    100    519
321.8936 33:59 34:00   -1  1.105     232765      25408     40    100    635  0.81(0.65-0.89)

1,3,4,6,8-PeCDF
339.8597 34:37 34:37    0  0.894    1687278     202267    201    502   1006
341.8567 34:37 34:37    0  0.894    1067143     130358    134    335    973  1.58(1.32-1.78)

1,2,4,7,9-PeCDD
355.8546 37:36 37:36    0  0.928     967507     151000     20     50   7550
357.8516 37:36 37:36    0  0.928     609484      93522     21     52   4453  1.59(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 41:13 41:13    0  1.017    1055401     242538     20     50  12127
357.8516 41:13 41:13    0  1.017     660301     153757     21     52   7322  1.60(1.32-1.78)

1,2,3,8,9-PeCDF
339.8597 41:20 41:20    0  1.067    1568155     358325    201    502   1783
341.8567 41:20 41:20    0  1.067     960945     222529    134    335   1661  1.63(1.32-1.78)
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Report Date: 18-Dec-2019 01:05:09 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,8-HxCDF
373.8208 42:33 42:33    0  0.972    1776448     469254    369    922   1272
375.8178 42:33 42:33    0  0.972    1416405     375763    278    695   1352  1.25(1.05-1.43)

1,2,4,6,7,9-HxCDD
389.8158 43:15 43:15    0  0.965    1278388     340091     19     47  17900
391.8127 43:15 43:15    0  0.965    1014129     275362     11     27  25033  1.26(1.05-1.43)

1,2,3,4,8,9-HxCDF
373.8208 45:43 45:43    0  1.044    1629092     357961    369    922    970
375.8178 45:42 45:43   -1  1.044    1395742     286468    278    695   1030  1.17(1.05-1.43)

1,2,3,4,6,7,9-HpCDD
423.7767 48:25 48:25    0  0.976    1014846     193902     62    155   3127
425.7737 48:25 48:25    0  0.976     968573     190120     82    205   2319  1.05(0.88-1.20)

QC Flag Legend
Review Flags
  U - Marked Undetected
  a - User Assigned ID
Reagents:
61WDML3OP_F/L_00070 Amount Added:  20.00 Units: uL
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
CCV Relative RT Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Lims ID: WDMCCV                   
Client ID:
Sample Type: WDMCCV
Inject. Date: 18-Dec-2019 00:01:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014069-001
Operator ID: Xcalibur_System Instrument ID: D2A
Sublist: chrom-D2A_Dioxin*sub1

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:05:09 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0311

First Level Reviewer: parslyt Date: 18-Dec-2019 01:05:09

Start Cal Date: 16-May-2014 14:26:00
End Cal Date: 16-May-2014 18:31:00

Compound T/L
ICAL
RT

CCV
RT

R RT
(secs)

RT
Lmt

ICAL
RRT

CCV
RRT

RRT
Limits

13C-1,2,3,4-TCDD 31:17 30:15 -61 1.000 1.000 0.000 - 0.000
13C-2,3,7,8-TCDD 31:48 30:45 -63 1.017 1.017 0.976 - 1.043
37Cl4-2,3,7,8-TCDD 31:50 30:47 -63 1.018 1.018 0.989 - 1.052
2,3,7,8-TCDD 31:50 30:49 -61 1.001 1.002 0.999 - 1.002
13C-2,3,7,8-TCDF 29:44 28:46 -58 0.951 0.951 0.923 - 1.103
2,3,7,8-TCDF 29:47 28:49 -58 1.002 1.002 0.999 - 1.003
13C-1,2,3,7,8-PeCDD 41:00 40:32 -28 1.311 1.340 1.000 - 1.567
1,2,3,7,8-PeCDD 41:01 40:33 -28 1.000 1.000 0.999 - 1.002
13C-1,2,3,7,8-PeCDF 39:17 38:44 -32 1.256 1.281 1.000 - 1.425
1,2,3,7,8-PeCDF 39:18 38:45 -32 1.000 1.000 0.999 - 1.002
13C-2,3,4,7,8-PeCDF 40:29 40:00 -29 1.295 1.322 1.011 - 1.526
2,3,4,7,8-PeCDF 40:30 40:01 -29 1.000 1.000 0.999 - 1.002
13C-1,2,3,7,8,9-HxCDD 45:45 45:17 -27 1.000 1.000 0.000 - 0.000
13C-1,2,3,4,7,8-HxCDD 45:14 44:48 -26 0.989 0.989 0.977 - 1.000
1,2,3,4,7,8-HxCDD 45:15 44:49 -26 1.000 1.000 0.999 - 1.001
13C-1,2,3,6,7,8-HxCDD 45:21 44:55 -26 0.992 0.992 0.981 - 1.003
1,2,3,6,7,8-HxCDD 45:22 44:56 -26 1.000 1.000 0.998 - 1.004
1,2,3,7,8,9-HxCDD 45:46 45:18 -27 1.012 1.011 1.000 - 1.019
13C-1,2,3,4,7,8-HxCDF 44:11 43:46 -25 0.966 0.966 0.936 - 0.996
1,2,3,4,7,8-HxCDF 44:12 43:47 -25 1.000 1.000 0.999 - 1.001
13C-1,2,3,6,7,8-HxCDF 44:20 43:54 -25 0.969 0.969 0.949 - 0.975
1,2,3,6,7,8-HxCDF 44:21 43:55 -25 1.000 1.000 0.997 - 1.005
13C-2,3,4,6,7,8-HxCDF 45:03 44:37 -26 0.985 0.985 0.977 - 1.047
2,3,4,6,7,8-HxCDF 45:04 44:38 -26 1.000 1.000 0.999 - 1.001
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d

Compound T/L
ICAL
RT

CCV
RT

R RT
(secs)

RT
Lmt

ICAL
RRT

CCV
RRT

RRT
Limits

13C-1,2,3,7,8,9-HxCDF 46:02 45:34 -28 1.006 1.006 0.959 - 1.021
1,2,3,7,8,9-HxCDF 46:03 45:35 -28 1.000 1.000 0.999 - 1.001
13C-1,2,3,4,6,7,8-HpCDD 50:11 49:35 -35 1.097 1.095 1.086 - 1.110
1,2,3,4,6,7,8-HpCDD 50:12 49:36 -35 1.000 1.000 0.999 - 1.001
13C-1,2,3,4,6,7,8-HpCDF 48:28 47:55 -32 1.059 1.058 1.043 - 1.085
1,2,3,4,6,7,8-HpCDF 48:29 47:57 -31 1.000 1.001 0.999 - 1.001
13C-1,2,3,4,7,8,9-HpCDF 50:48 50:15 -33 1.111 1.109 1.057 - 1.151
1,2,3,4,7,8,9-HpCDF 50:49 50:16 -33 1.000 1.000 0.999 - 1.001
13C-OCDD 54:18 53:51 -26 1.187 1.189 1.032 - 1.311
OCDD 54:19 53:51 -27 1.000 1.000 0.999 - 1.001
13C-OCDF 54:26 53:59 -26 1.190 1.192 1.091 - 1.291
OCDF 54:27 53:59 -27 1.000 1.000 0.999 - 1.008
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 18-Dec-2019 00:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDD, RT: 29.435

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                        100.000         4143284          433386
Averages:

RRFn Qis Ris Area Ris Height
  1.173        100.000         4143284          433386

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

30:18            189603             21031            227970             26938        8.59 0.83 a
30:33            182165             19564            238056             24095        8.64 0.77 a
31:18            204389             20186            254669             26778        9.44 0.80 a
Signal Totals:

           576157             60781            720695             77811
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1296852            138592 0.80 a

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         26.677 = (1296852 * 100.000) / (4143284 * 1.173)

QC Flag Legend

Review Flags
a - User Assigned ID
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 18-Dec-2019 00:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-TCDF, RT: 28.156

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                        100.000         6592771          748850
Averages:

RRFn Qis Ris Area Ris Height
  1.088        100.000         6592771          748850

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:18               838               166              1440               169      0.0318 0.58 RnQ
23:18               838               166              1088               215      0.0268 Empc Correction
24:57               910               168              1408               256      0.0323 0.65 n
26:30               974               109              1340               362      0.0323 0.73 n
26:59              1870               333              2753               279      0.0644 0.68 n
27:42              6035               799              9366              1135      0.2147 0.64 RQ
27:42              6035               799              7837              1037      0.1934 Empc Correction
29:13              2529               245              1017               205      0.0494 2.49 RnQ
29:13               783               157              1017               205      0.0251 Empc Correction
30:01              1121               180              1053               148      0.0303 1.06 RnQ
30:01               810               113              1053               148      0.0260 Empc Correction

Compound is Marked ND
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 18-Dec-2019 00:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-PeCDD, RT: 39.399

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                     100.000         3148238          711487
Averages:

RRFn Qis Ris Area Ris Height
  1.043        100.000         3148238          711487

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

40:48             18698              2376             13081              2205      0.9674 1.43

Compound is Marked ND
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 18-Dec-2019 00:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HxCDD, RT: 44.269

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                   100.000         3541222          912481
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                   100.000         3878769          883015
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170        100.000         3709995          897748

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

45:39             38212              1818             26900              1561        1.50 1.42

Compound is Marked ND
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 18-Dec-2019 00:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HpCDD, RT: 49.003

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000         3226208          593990
Averages:

RRFn Qis Ris Area Ris Height
  1.120        100.000         3226208          593990

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

50:08             11622               986              9108               755      0.5735 1.28 RnQ
50:08              9472               785              9108               755      0.5140 Empc Correction

Compound is Marked ND
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Lims ID: WDMCCV
Client ID:
Inject. Date: 18-Dec-2019 00:01:00 Dil. Factor: 1.0000     
Sample Type: WDMCCV, Combo WDM and CCV
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 1
Sublist: chrom-D2A_Dioxin*sub1

Non-2,3,7,8-sub-HpCDF, RT: 49.509

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000         3999833          801919
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000         3385095          617624
Averages:

RRFn Qis Ris Area Ris Height
  1.440        100.000         3692464          709771

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:19             29975              3372             21142              3369      0.9617 1.42 RQ
48:19             21987              3503             21142              3369      0.8114 Empc Correction
48:34             25964              3858             22735              3051      0.9162 1.14
50:41             37784              2022             43094              1649        1.52 0.88

Compound is Marked ND
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
)

F1:m/z     319.8965

F 1,3,6,8-TCDD
          24.88

28.79 32.0025.25

L 1,2,8,9-TCDD
          33.99

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
)

F1:m/z     321.8936

F 1,3,6,8-TCDD
          24.88

31.8925.55 27.74

L 1,2,8,9-TCDD
          33.97

TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-1,2,3,4-TCDD
          30.24

13C-2,3,7,8-TCDD
          30.74

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD
          30.24

13C-2,3,7,8-TCDD
          30.74
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
)

F1:m/z     319.8965

F 1,3,6,8-TCDD
          24.88

28.79 32.0025.25

L 1,2,8,9-TCDD
          33.99

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
)

F1:m/z     321.8936

F 1,3,6,8-TCDD
          24.88

31.8925.55 27.74

L 1,2,8,9-TCDD
          33.97

TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Instrument ID: D2A
Lims ID: WDMCCV                   
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  30.81
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X
10
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F1:m/z     319.8965

Manual Integration Results
RT:  30.81
Area: 216372
Amount:   10.046188
Amount Units: pg/ul

30.4 30.6 30.8 31.0 31.2
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2

4

6
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10
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 ( 

X
10
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F1:m/z     319.8965

 3
0.

80
8

Reviewer: parslyt, 18-Dec-2019 01:02:27
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0
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Y
 ( 

X
10

00
)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD
          30.77

24.88 31.19 34.02

37Cl4-TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

3
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Y
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X
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0)

F1:m/z     331.9368

13C-1,2,3,4-TCDD
          30.24

13C-2,3,7,8-TCDD
          30.74

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0
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Y
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X
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0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD
          30.24

13C-2,3,7,8-TCDD
          30.74
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

56

Y
 ( 

X
10

00
)

F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD
          30.77

24.88 31.19 34.02

37Cl4-TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

90

96

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
)

F1:m/z     303.9016

F 1,3,6,8-TCDF
          22.46

2,3,7,8-TCDF
          28.80

27.69 30.0224.9523.30

L 1,2,8,9-TCDF
          33.86

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
)

F1:m/z     305.8987

F 1,3,6,8-TCDF
          22.47

2,3,7,8-TCDF
          28.80

27.7125.02 30.2023.37

L 1,2,8,9-TCDF
          33.84

TCDF Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0
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Y
 ( 

X
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F1:m/z     315.9419

13C-2,3,7,8-TCDF
          28.75

27.71
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Y
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X
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F1:m/z     317.9389

13C-2,3,7,8-TCDF
          28.75

29.6827.68
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
)

F1:m/z     303.9016

F 1,3,6,8-TCDF
          22.46

2,3,7,8-TCDF
          28.80

27.69 30.0224.9523.30

L 1,2,8,9-TCDF
          33.86

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
)

F1:m/z     305.8987

F 1,3,6,8-TCDF
          22.47

2,3,7,8-TCDF
          28.80

27.7125.02 30.2023.37

L 1,2,8,9-TCDF
          33.84

TCDF Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
)

F1:m/z     303.9016

F 1,3,6,8-TCDF
          22.46

2,3,7,8-TCDF
          28.80

27.69 30.0224.9523.30

L 1,2,8,9-TCDF
          33.86

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
)

F1:m/z     305.8987

F 1,3,6,8-TCDF
          22.47

2,3,7,8-TCDF
          28.80

27.7125.02 30.2023.37

L 1,2,8,9-TCDF
          33.84

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

1

4

7

10
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16
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Y
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X
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)

F1:m/z     375.8364
26.45

18.48
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F2:m/z     355.8546

F 1,2,4,7,9-PeCDD
          37.59

40.80 41.59

L 1,2,3,8,9-PeCDD
          41.21

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F2:m/z     357.8516

F 1,2,4,7,9-PeCDD
          37.59

40.78

L 1,2,3,8,9-PeCDD
          41.21

PeCDD Standards

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0
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Y
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X
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00
0)

F2:m/z     367.8949

13C-1,2,3,7,8-PeCDD
          40.52
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0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F2:m/z     369.8919

13C-1,2,3,7,8-PeCDD
          40.52
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
0)

F2:m/z     355.8546

F 1,2,4,7,9-PeCDD
          37.59

40.80 41.59

L 1,2,3,8,9-PeCDD
          41.21

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

2
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12
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16
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Y
 ( 

X
10

00
0)

F2:m/z     357.8516

F 1,2,4,7,9-PeCDD
          37.59

40.78

L 1,2,3,8,9-PeCDD
          41.21

PeCDD Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F2:m/z     313.9834
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F2:m/z     339.8597

F 1,3,4,6,8-PeCDF
          34.61

1,2,3,7,8-PeCDF
          38.74

40.2339.0537.17

L 1,2,3,8,9-PeCDF
          41.33

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

4
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12
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Y
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X
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00
0)

F2:m/z     341.8567

F 1,3,4,6,8-PeCDF
          34.61

1,2,3,7,8-PeCDF
          38.74

39.28

L 1,2,3,8,9-PeCDF
          41.33

PeCDF Standards

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0
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Y
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X
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00
0)

F2:m/z     351.9000

13C-1,2,3,7,8-PeCDF
          38.73

41.3039.26

13C-2,3,4,7,8-PeCDF
          39.98

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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Y
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X
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00
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F2:m/z     353.8970

13C-1,2,3,7,8-PeCDF
          38.73

13C-2,3,4,7,8-PeCDF
          39.98
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Report Date: 18-Dec-2019 01:05:10 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
0)

F2:m/z     339.8597

F 1,3,4,6,8-PeCDF
          34.61

1,2,3,7,8-PeCDF
          38.74

40.2339.0537.17

L 1,2,3,8,9-PeCDF
          41.33

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0
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12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F2:m/z     341.8567

F 1,3,4,6,8-PeCDF
          34.61

1,2,3,7,8-PeCDF
          38.74

39.28

L 1,2,3,8,9-PeCDF
          41.33

PeCDF Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F2:m/z     313.9834
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

4
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12
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24

28

32

36

40

44

Y
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X
10

00
0)

F2:m/z     339.8597

F 1,3,4,6,8-PeCDF
          34.61

1,2,3,7,8-PeCDF
          38.74

40.2339.0537.17

L 1,2,3,8,9-PeCDF
          41.33

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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Y
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X
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00
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F2:m/z     341.8567

F 1,3,4,6,8-PeCDF
          34.61

1,2,3,7,8-PeCDF
          38.74

39.28

L 1,2,3,8,9-PeCDF
          41.33

PeCDF Interference Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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25

31

37

43

49
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Y

F2:m/z     409.7974
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

6
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36

Y
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X
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00
0)

F3:m/z     389.8158

F 1,2,4,6,7,9-HxCDD
          43.24

45.64

L 1,2,3,7,8,9-HxCDD
          45.30

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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10
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Y
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F3:m/z     391.8127

F 1,2,4,6,7,9-HxCDD
          43.24

45.65

L 1,2,3,7,8,9-HxCDD
          45.30

HxCDD Standards

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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16
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40
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Y
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X
10

00
0)

F3:m/z     401.8559

13C-1,2,3,4,7,8-HxCDD
          44.79

13C-1,2,3,7,8,9-HxCDD
          45.28

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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Y
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X
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00
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F3:m/z     403.8529

13C-1,2,3,4,7,8-HxCDD
          44.79

13C-1,2,3,7,8,9-HxCDD
          45.28
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
HxCDD

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F3:m/z     389.8158

F 1,2,4,6,7,9-HxCDD
          43.24

45.64

L 1,2,3,7,8,9-HxCDD
          45.30

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
0)

F3:m/z     391.8127

F 1,2,4,6,7,9-HxCDD
          43.24

45.65

L 1,2,3,7,8,9-HxCDD
          45.30

HxCDD Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
0)

F3:m/z     373.8208

F 1,2,3,4,6,8-HxCDF
          42.55

1,2,3,6,7,8-HxCDF
          43.91

L 1,2,3,4,8,9-HxCDF
          45.70

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F3:m/z     375.8178

F 1,2,3,4,6,8-HxCDF
          42.55

2,3,4,6,7,8-HxCDF
          44.62

L 1,2,3,4,8,9-HxCDF
          45.69

HxCDF Standards

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F3:m/z     383.8639

13C-1,2,3,4,7,8-HxCDF
          43.76 13C-2,3,4,6,7,8-HxCDF

          44.61
13C-1,2,3,7,8,9-HxCDF
          45.55

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610

13C-1,2,3,4,7,8-HxCDF
          43.76

13C-2,3,4,6,7,8-HxCDF
          44.61

13C-1,2,3,7,8,9-HxCDF
          45.55
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F3:m/z     373.8208

F 1,2,3,4,6,8-HxCDF
          42.55

1,2,3,6,7,8-HxCDF
          43.91

L 1,2,3,4,8,9-HxCDF
          45.70

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F3:m/z     375.8178

F 1,2,3,4,6,8-HxCDF
          42.55

1,2,3,6,7,8-HxCDF
          43.91

L 1,2,3,4,8,9-HxCDF
          45.69

HxCDF Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F3:m/z     373.8208

F 1,2,3,4,6,8-HxCDF
          42.55

1,2,3,6,7,8-HxCDF
          43.91

L 1,2,3,4,8,9-HxCDF
          45.70

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F3:m/z     375.8178

F 1,2,3,4,6,8-HxCDF
          42.55

1,2,3,6,7,8-HxCDF
          43.91

L 1,2,3,4,8,9-HxCDF
          45.69

HxCDF Interference Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

21

27

33

39

45

51

57

63

69

75

81

87

Y

F3:m/z     445.7555 43.85
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
HpCDD

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F4:m/z     423.7767

F 1,2,3,4,6,7,9-HpCDD
          48.41

48.83 50.12

L 1,2,3,4,6,7,8-HpCDD
          49.59

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F4:m/z     425.7737

F 1,2,3,4,6,7,9-HpCDD
          48.41

50.24 51.8951.06

L 1,2,3,4,6,7,8-HpCDD
          49.59

HpCDD Standards

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     435.8169

13C-1,2,3,4,6,7,8-HpCDD
          49.58

48.41

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F4:m/z     437.8140

13C-1,2,3,4,6,7,8-HpCDD
          49.58

48.39
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
HpCDD

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F4:m/z     423.7767

F 1,2,3,4,6,7,9-HpCDD
          48.41

48.83 50.12

L 1,2,3,4,6,7,8-HpCDD
          49.59

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F4:m/z     425.7737

F 1,2,3,4,6,7,9-HpCDD
          48.41

50.24 51.8951.06

L 1,2,3,4,6,7,8-HpCDD
          49.59

HpCDD Lock Mass

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
HpCDF

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     407.7817

F 1,2,3,4,6,7,8-HpCDF
          47.94

48.56 50.67

L 1,2,3,4,7,8,9-HpCDF
          50.25

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     409.7788

F 1,2,3,4,6,7,8-HpCDF
          47.92

48.31 50.64 51.50

L 1,2,3,4,7,8,9-HpCDF
          50.25

HpCDF Standards

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F4:m/z     417.8250

13C-1,2,3,4,6,7,8-HpCDF
          47.90

13C-1,2,3,4,7,8,9-HpCDF
          50.24

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F4:m/z     419.8220

13C-1,2,3,4,6,7,8-HpCDF
          47.90

48.53

13C-1,2,3,4,7,8,9-HpCDF
          50.24

Page 2124 of 2476



Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
HpCDF

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F4:m/z     407.7817

F 1,2,3,4,6,7,8-HpCDF
          47.94

48.56 50.67

L 1,2,3,4,7,8,9-HpCDF
          50.25

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F4:m/z     409.7788

F 1,2,3,4,6,7,8-HpCDF
          47.92

48.31 50.64 51.50

L 1,2,3,4,7,8,9-HpCDF
          50.25

HpCDF Lock Mass

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
HpCDF

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F4:m/z     407.7817

F 1,2,3,4,6,7,8-HpCDF
          47.94

48.56 50.67

L 1,2,3,4,7,8,9-HpCDF
          50.25

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F4:m/z     409.7788

F 1,2,3,4,6,7,8-HpCDF
          47.92

48.31 50.64 51.50

L 1,2,3,4,7,8,9-HpCDF
          50.25

HpCDF Interference Mass

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min

20

25

30

35

40

45

50

55

60

65

Y

F4:m/z     479.7165
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
OCDD

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F5:m/z     457.7377

OCDD
  53.84

54.30 54.41

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F5:m/z     459.7348

OCDD
  53.84

54.20 54.54 54.92

OCDD Standards

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     469.7780

13C-OCDD
  53.84

54.27

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F5:m/z     471.7750

13C-OCDD
  53.84
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
OCDD

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F5:m/z     457.7377

OCDD
  53.84

54.30 54.41

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F5:m/z     459.7348

OCDD
  53.84

54.20 54.54 54.92

OCDD Lock Mass

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
OCDF

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

7

14

21

28

35

42

49

56

Y
 ( 

X
10

00
0)

F5:m/z     441.7428

OCDF
  53.98

54.41

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     443.7399

OCDF
  53.98

54.34

OCDF Standards

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F5:m/z     453.7830

13C-OCDF
  53.98

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F5:m/z     455.7801

13C-OCDF
  53.98
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
OCDF

52.2 52.7 53.2 53.7 54.2 54.7 55.2 55.7 56.2 56.7 57.2
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
0)

F5:m/z     441.7428

OCDF
  53.98

54.41
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Report Date: 18-Dec-2019 01:05:11 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\d3191217s3.d
Injection Date: 18-Dec-2019 00:01:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36166 Sample Line#: 1
Column Type: Column Dia:
OCDF
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Report Date: 03-May-2019 13:46:04 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\d2190503w1.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 03-May-2019 01:30:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-001
Misc. Info.: 140-0011646-001
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:46:03 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: mcwhirterl Date: 03-May-2019 02:46:01

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDF 24:23    2678383 0.80   1.1100       9.432       9.432   0.0466   0.0466  a
D 13C-2,3,7,8-TCDF 24:21    2558191 0.82   1.6193   0.00  a

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
61IDWDWRKTCDF_00002 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:46:04 Chrom Revision: 2.3  18-Apr-2019 13:31:50

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\d2190503w1.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 03-May-2019 01:30:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-001
Misc. Info.: 140-0011646-001
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 03-May-2019 13:46:03 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0308

First Level Reviewer: mcwhirterl Date: 03-May-2019 02:46:01

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDF a
303.9016 24:23 24:23    0  1.001    1189519     145946    232    580    629 a
305.8987 24:22 24:23   -1  1.001    1488864     172526    389    972    444  0.80(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 24:21 24:17    3  1.000    1149322     131541    943   2357    139 a
317.9389 24:20 24:17    2  1.000    1408869     168725    835   2087    202  0.82(0.65-0.89)

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
61IDWDWRKTCDF_00002 Amount Added:  20.00 Units: uL
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Report Date: 03-May-2019 13:46:05 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\d2190503w1.d
Injection Date: 03-May-2019 01:30:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 1
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 03-May-2019 13:46:05 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\d2190503w1.d
Injection Date: 03-May-2019 01:30:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 1
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 03-May-2019 13:46:05 Chrom Revision: 2.3  18-Apr-2019 13:31:50
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\d2190503w1.d
Injection Date: 03-May-2019 01:30:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 29777 Sample Line#: 1
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 02:02:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218w1.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 18-Dec-2019 00:58:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-001
Misc. Info.: 140-0014071-001
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 02:02:42 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 02:02:42

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDF 22:13    2846840 0.80   1.1100       9.670       9.670   0.0705   0.0705  a
D 13C-2,3,7,8-TCDF 22:11    2652174 0.82   1.6193   0.00  a

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
61IDWDWRKTCDF_00002 Amount Added:  20.00 Units: uL
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Report Date: 18-Dec-2019 02:02:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218w1.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 18-Dec-2019 00:58:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-001
Misc. Info.: 140-0014071-001
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 02:02:42 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX0324

First Level Reviewer: mcwhirterl Date: 18-Dec-2019 02:02:42

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDF a
303.9016 22:13 22:13    0  1.002    1265128     166068    405   1012    410 a
305.8987 22:13 22:13    0  1.002    1581712     206793    659   1647    314  0.80(0.65-0.89)

13C-2,3,7,8-TCDF a
315.9419 22:11 22:11    0  1.000    1194577     152688    386    965    396 a
317.9389 22:11 22:11    0  1.000    1457597     187085    446   1115    419  0.82(0.65-0.89)

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
61IDWDWRKTCDF_00002 Amount Added:  20.00 Units: uL
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Report Date: 18-Dec-2019 02:02:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218w1.d
Injection Date: 18-Dec-2019 00:58:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36167 Sample Line#: 1
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 02:02:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218w1.d
Injection Date: 18-Dec-2019 00:58:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36167 Sample Line#: 1
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 02:02:44 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\d2191218w1.d
Injection Date: 18-Dec-2019 00:58:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36167 Sample Line#: 1
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 12:50:05 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218w2.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 18-Dec-2019 11:19:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-001
Misc. Info.: 140-0014075-001
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 12:50:05 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 12:13:36

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDF 22:13    2117487 0.80   1.1100       9.446       9.446   0.0341   0.0341
D 13C-2,3,7,8-TCDF 22:11    2019496 0.77   1.6193   0.00

Reagents:
61IDWDWRKTCDF_00002 Amount Added:  20.00 Units: uL
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Report Date: 18-Dec-2019 12:50:05 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218w2.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 18-Dec-2019 11:19:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 140-0007662-001
Misc. Info.: 140-0014075-001
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 12:50:05 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 12:13:36

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDF
303.9016 22:13 22:13    0  1.002     938101     127581    206    515    619
305.8987 22:13 22:13    0  1.002    1179386     151836    202    505    752  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 22:11 22:11    0  1.000     878716     117809    464   1160    254
317.9389 22:11 22:11    0  1.000    1140780     151280    306    765    494  0.77(0.65-0.89)

Reagents:
61IDWDWRKTCDF_00002 Amount Added:  20.00 Units: uL
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Report Date: 18-Dec-2019 12:50:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218w2.d
Injection Date: 18-Dec-2019 11:19:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36178 Sample Line#: 1
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

F 2,3,7,8-TCDF
          22.22

22.48

17.91

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

F 2,3,7,8-TCDF
          22.22 22.48

17.91

TCDF Standards

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     315.9419

13C-2,3,7,8-TCDF
          22.18

19.0212.72 16.3510.73 20.7013.12

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F1:m/z     317.9389

13C-2,3,7,8-TCDF
          22.18

19.00
12.68 16.31 20.8510.85 23.0913.22
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Report Date: 18-Dec-2019 12:50:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218w2.d
Injection Date: 18-Dec-2019 11:19:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36178 Sample Line#: 1
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

F 2,3,7,8-TCDF
          22.22

22.48

17.91

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

F 2,3,7,8-TCDF
          22.22 22.48

17.91

TCDF Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 12:50:06 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191218-14075.b\d2191218w2.d
Injection Date: 18-Dec-2019 11:19:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36178 Sample Line#: 1
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

F 2,3,7,8-TCDF
          22.22

22.48

17.91

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

F 2,3,7,8-TCDF
          22.22 22.48

17.91

TCDF Interference Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

1

3

5

7

9

11

13

15

17

19

21

23

Y
 ( 

X
10

0)

F1:m/z     375.8364 19.04

18.05
20.42

20.57
16.13

15.27
21.51
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44

TestAmerica Knoxville
Target Compound Quantitation Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 16-May-2014 10:23:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:83 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 01-Feb-2017 12:19:14 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK012

First Level Reviewer: gilmorem Date: 01-Feb-2017 12:19:14

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 31:52    1589129 0.78   1.1733       9.827       9.827   0.0525   0.0525
A Non-2,3,7,8-sub-TCDD 30:20    4299654 0.80   0.0000
S Total TCDD       9.827       9.827   0.0525   0.0525

  2,3,7,8-TCDF 29:47    2357482 0.78   1.0881       9.693       9.693   0.0581   0.0581
A Non-2,3,7,8-sub-TCDF 28:61      41764 0.80   0.0000
S Total TCDF       9.693       9.693   0.0581   0.0581

  1,2,3,7,8-PeCDD 41:01    5982819 1.58   1.0434        50.2        50.2   0.1352   0.1352
A Non-2,3,7,8-sub-PeCDD 39:56      0.0      0.0
S Total PeCDD        50.2        50.2   0.1352   0.1352

  1,2,3,7,8-PeCDF 39:18   10286787 1.60   1.1898        49.3        49.3   0.2156   0.2156
  2,3,4,7,8-PeCDF 40:30    9924708 1.58   1.1095        49.7        49.7   0.2037   0.2037
A Non-2,3,7,8-sub-PeCDF 38:38      0.0      0.0
S Total PeCDF        99.0        99.0   0.2097   0.2097

  1,2,3,4,7,8-HxCDD 45:15    7476089 1.26   1.1409        50.4        50.4   0.2657   0.2657
  1,2,3,6,7,8-HxCDD 45:22    7598331 1.25   1.1481        49.5        49.5   0.2727   0.2727
  1,2,3,7,8,9-HxCDD 45:46    8317943 1.24   1.2212        51.7        51.7   0.2523   0.2523
A Non-2,3,7,8-sub-HxCDD 44:42      0.0      0.0
S Total HxCDD       151.6       151.6   0.2636   0.2636

  1,2,3,4,7,8-HxCDF 44:12   12537626 1.24   1.3629        49.0        49.0   0.2654   0.2654
  1,2,3,6,7,8-HxCDF 44:20   13426640 1.24   1.2762        48.9        48.9   0.2599   0.2599
  2,3,4,6,7,8-HxCDF 45:04   12110442 1.25   1.2654        48.2        48.2   0.2974   0.2974
  1,2,3,7,8,9-HxCDF 46:02   10527214 1.25   1.2573        47.6        47.6   0.3663   0.3663
A Non-2,3,7,8-sub-HxCDF 44:34      0.0      0.0
S Total HxCDF       193.7       193.7   0.2972   0.2972

  1,2,3,4,6,7,8-HpCDD 50:11    6801187 1.06   1.1204        48.9        48.9   0.1169   0.1169
A Non-2,3,7,8-sub-HpCDD 49:35      0.0      0.0
S Total HpCDD        48.9        48.9   0.1169   0.1169

  1,2,3,4,6,7,8-HpCDF 48:28   11064927 1.04   1.4984        48.4        48.4   0.2343   0.2343
  1,2,3,4,7,8,9-HpCDF 50:49    9279563 1.05   1.3807        49.9        49.9   0.3032   0.3032
A Non-2,3,7,8-sub-HpCDF 49:39      0.0      0.0

Page 2147 of 2476



Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF        98.3        98.3   0.2688   0.2688

  OCDD 54:18   12317564 0.91   1.2073       102.2       102.2   0.1313   0.1313
  OCDF 54:27   16322450 0.91   1.1162        98.1        98.1   0.1132   0.1132
D 13C-2,3,7,8-TCDD 31:50   13782525 0.80   1.0709       101.6       101.6   0.2722   0.2722    102
D 13C-2,3,7,8-TCDF 29:45   22350977 0.78   1.7545       100.6       100.6   0.1848   0.1848    101
D 13C-1,2,3,7,8-PeCDD 40:60   11420019 1.63   0.8743       103.2       103.2   0.3838   0.3838    103
D 13C-1,2,3,7,8-PeCDF 39:17   17536794 1.60   1.3704       101.1       101.1   0.1989   0.1989    101
D 13C-2,3,4,7,8-PeCDF 40:29   18008915 1.61   1.3837       102.8       102.8   0.1970   0.1970    103
D 13C-1,2,3,4,7,8-HxCDD 45:14   12997422 1.27   0.8772        99.2        99.2   0.2024   0.2024  99.22
D 13C-1,2,3,6,7,8-HxCDD 45:21   13368313 1.27   0.9171        97.6        97.6   0.1936   0.1936  97.61
D 13C-1,2,3,4,7,8-HxCDF 44:11   18777500 0.52   1.1892       105.7       105.7   0.1461   0.1461    106
D 13C-1,2,3,6,7,8-HxCDF 44:19   21493519 0.53   1.4625        98.4        98.4   0.1188   0.1188  98.42
D 13C-2,3,4,6,7,8-HxCDF 45:03   19873130 0.53   1.3197       100.8       100.8   0.1317   0.1317    101
D 13C-1,2,3,7,8,9-HxCDF 46:01   17573709 0.54   1.2001        98.1        98.1   0.1448   0.1448  98.06
D 13C-1,2,3,4,6,7,8-HpCDD 50:09   12409981 1.07   0.8155       101.9       101.9   0.3650   0.3650    102
D 13C-1,2,3,4,6,7,8-HpCDF 48:27   15245672 0.46   1.0496        97.3        97.3   0.1531   0.1531  97.26
D 13C-1,2,3,4,7,8,9-HpCDF 50:48   13475063 0.45   0.8947       100.9       100.9   0.1796   0.1796    101
D 13C-OCDD 54:17   19967001 0.92   0.7044       189.8       189.8   0.0935   0.0935  94.91
D 13C-OCDF 54:26   29828160 0.89   1.0615       188.2       188.2   0.1211   0.1211  94.09
$ 37Cl4-2,3,7,8-TCDD 31:53    1540857   1.2266       9.922       9.922   0.0141   0.0141  99.22

* 13C-1,2,3,4-TCDD 31:18   12661775 0.79  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:45   14933512 1.23    1E+05       100.0       100.0

  1,3,6,8-TCDF 23:12    2705807 0.78
  1,3,6,8-TCDD 25:43    1493428 0.79
  1,2,8,9-TCDF 34:49    2207414 0.79
  1,2,8,9-TCDD 34:56    1027901 1.53  R
  1,3,4,6,8-PeCDF 35:30    9418858 1.58
  1,2,4,7,9-PeCDD 38:12    5769231 1.58
  1,2,3,8,9-PeCDD 41:40    6403188 1.58
  1,2,3,8,9-PeCDF 41:47    9220677 1.58
  1,2,3,4,6,8-HxCDF 42:58   11593665 1.24
  1,2,4,6,7,9-HxCDD 43:38    8590777 1.29
  1,2,3,4,8,9-HxCDF 46:10   10545581 1.26
  1,2,3,4,6,7,9-HpCDD 48:59    7139183 1.04

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
Reagents:
61WDML3OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44

TestAmerica Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 16-May-2014 10:23:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WO=4104:83 Meth=F8o Dil=1
Misc. Info.: Inst=d2a/1182082 Batch=20140516i Ccal=D3140515S2
Operator ID: DavidsonM Instrument ID: D2A

Method: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 01-Feb-2017 12:19:14 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: XAWRK012

First Level Reviewer: gilmorem Date: 01-Feb-2017 12:19:14

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 31:52 31:52    0  1.001     696529      69222    209    522    331
321.8936 31:53 31:52    1  1.002     892600      89318    140    350    638  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDD

319.8965 31:21 30:20   61     634630      64877    209    522    310
321.8936 31:21 30:20   61     795249      85115    140    350    608  0.80(0.65-0.89)

319.8965 31:35 30:20   75     596138      66085    209    522    316
321.8936 31:35 30:20   75     756200      78976    140    350    564  0.79(0.65-0.89)

319.8965 32:23 30:20  123     679460      67333    209    522    322
321.8936 32:22 30:20  122     837977      80267    140    350    573  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 29:47 29:47    0  1.001    1030383     110691    179    447    618
305.8987 29:47 29:47    0  1.001    1327099     145355    450   1125    323  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 28:39 28:61  -21      18518       2522    179    447     14
305.8987 28:40 28:61  -20      23246       3134    450   1125      7  0.80(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 41:01 41:01    0  1.000    3663513     865905   1136   2840    762
357.8516 41:01 41:01    0  1.000    2319306     553569    374    935   1480  1.58(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 39:56    1136    2840
357.8516 39:56     374     935

1,2,3,7,8-PeCDF
339.8597 39:18 39:18    0  1.000    6334583    1305396   2242   5605    582
341.8567 39:18 39:18    0  1.000    3952204     823049   1407   3517    585  1.60(1.32-1.78)

Page 2149 of 2476



Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,7,8-PeCDF
339.8597 40:30 40:30    0  1.000    6077933    1398614   2242   5605    624
341.8567 40:30 40:30    0  1.000    3846775     876157   1407   3517    623  1.58(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF
339.8597 38:38    2242    5605
341.8567 38:38    1407    3517

1,2,3,4,7,8-HxCDD
389.8158 45:15 45:15    0  1.000    4166912    1065660   2295   5737    464
391.8127 45:15 45:15    0  1.000    3309177     841026   1727   4317    487  1.26(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 45:22 45:22    0  1.000    4226872    1011650   2295   5737    441
391.8127 45:22 45:22    0  1.000    3371459     826469   1727   4317    479  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:46 45:46    0  1.012    4607847    1053576   2295   5737    459
391.8127 45:46 45:46    0  1.012    3710096     840399   1727   4317    487  1.24(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8158 44:42    2295    5737
391.8127 44:42    1727    4317

1,2,3,4,7,8-HxCDF
373.8208 44:12 44:12    0  1.000    6951531    1877297   4021  10052    467
375.8178 44:12 44:12    0  1.000    5586095    1516685   3318   8295    457  1.24(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 44:20 44:20    0  1.000    7444736    1903851   4021  10052    473
375.8178 44:20 44:20    0  1.000    5981904    1556381   3318   8295    469  1.24(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 45:04 45:04    0  1.000    6729390    1682827   4021  10052    419
375.8178 45:04 45:04    0  1.000    5381052    1311981   3318   8295    395  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDF
373.8208 46:02 46:02    0  1.000    5854129    1415565   4021  10052    352
375.8178 46:02 46:02    0  1.000    4673085    1123767   3318   8295    339  1.25(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 44:34    4021   10052
375.8178 44:34    3318    8295

1,2,3,4,6,7,8-HpCDD
423.7767 50:11 50:11    0  1.001    3502420     651977    546   1365   1194
425.7737 50:10 50:11   -1  1.000    3298767     623072    664   1660    938  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7767 49:35     546    1365
425.7737 49:35     664    1660

1,2,3,4,6,7,8-HpCDF
407.7817 48:28 48:28    0  1.000    5628277    1194618   2211   5527    540
409.7788 48:28 48:28    0  1.000    5436650    1152269   2265   5662    509  1.04(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50:49 50:49    0  1.000    4761486     943596   2211   5527    427
409.7788 50:49 50:49    0  1.000    4518077     912841   2265   5662    403  1.05(0.88-1.20)
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDF
407.7817 49:39    2211    5527
409.7788 49:39    2265    5662

OCDD
457.7377 54:18 54:18    0  1.000    5864993    1424854    961   2402   1483
459.7348 54:18 54:18    0  1.000    6452571    1540991    550   1375   2802  0.91(0.76-1.02)

OCDF
441.7428 54:27 54:27    0  1.000    7783500    1914344    949   2372   2017
443.7399 54:27 54:27    0  1.000    8538950    2069182    921   2302   2247  0.91(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 31:50 31:50    0  1.017    6142060     623396   1089   2722    572
333.9338 31:49 31:50   -1  1.016    7640465     793194    501   1252   1583  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 29:45 29:45    0  0.951    9828273    1091149   1288   3220    847
317.9389 29:45 29:45    0  0.951   12522704    1394107    480   1200   2904  0.78(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:60 40:60    0  1.310    7072990    1653783   1563   3907   1058
369.8919 40:60 40:60    0  1.310    4347029    1022227    267    667   3829  1.63(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 39:17 39:17    0  1.255   10799529    2182297   1003   2507   2176
353.8970 39:17 39:17    0  1.255    6737265    1373259    484   1210   2837  1.60(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:29 40:29    0  1.294   11096035    2464519   1003   2507   2457
353.8970 40:29 40:29    0  1.294    6912880    1570847    484   1210   3246  1.61(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 45:14 45:14    0  0.989    7273389    1861481    749   1872   2485
403.8529 45:14 45:14    0  0.989    5724033    1455179   1658   4145    878  1.27(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 45:21 45:21    0  0.991    7479523    1801159    749   1872   2405
403.8529 45:21 45:21    0  0.991    5888790    1410042   1658   4145    850  1.27(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 44:11 44:11    0  0.966    6451490    1760136    773   1932   2277
385.8610 44:11 44:11    0  0.966   12326010    3312655   1583   3957   2093  0.52(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 44:19 44:19    0  0.969    7484164    1929971    773   1932   2497
385.8610 44:19 44:19    0  0.969   14009355    3601488   1583   3957   2275  0.53(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 45:03 45:03    0  0.985    6852361    1683655    773   1932   2178
385.8610 45:03 45:03    0  0.985   13020769    3192337   1583   3957   2017  0.53(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 46:01 46:01    0  1.006    6155940    1404414    773   1932   1817
385.8610 46:01 46:01    0  1.006   11417769    2578908   1583   3957   1629  0.54(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 50:09 50:09    0  1.096    6418552    1192690   2111   5277    565
437.8140 50:09 50:09    0  1.096    5991429    1116969   1925   4812    580  1.07(0.88-1.20)
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDF
417.8250 48:27 48:27    0  1.059    4814800    1019155    755   1887   1350
419.8220 48:27 48:27    0  1.059   10430872    2168312   1424   3560   1523  0.46(0.51-0.37)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:48 50:48    0  1.110    4198433     838216    755   1887   1110
419.8220 50:48 50:48    0  1.110    9276630    1834729   1424   3560   1288  0.45(0.37-0.51)

13C-OCDD
469.7780 54:17 54:17    0  1.187    9561386    2241485    518   1295   4327
471.7750 54:17 54:17    0  1.187   10405615    2525718    375    937   6735  0.92(0.76-1.02)

13C-OCDF
453.7830 54:26 54:26    0  1.190   14032219    3509504    579   1447   6061
455.7801 54:26 54:26    0  1.190   15795941    3888947   1164   2910   3341  0.89(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 31:53 31:53    0  1.019    1540857     163270     94    235   1737

13C-1,2,3,4-TCDD
331.9368 31:18 31:18    0    5600787     604972   1089   2722    556
333.9338 31:18 31:18    0    7060988     758389    501   1252   1514  0.79(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:45 45:45    0    8233327    1900497    749   1872   2537
403.8529 45:45 45:45    0    6700185    1489143   1658   4145    898  1.23(1.05-1.43)

1,3,6,8-TCDF
303.9016 23:12 23:12    0    1188062     179703    179    447   1004
305.8987 23:12 23:12    0    1517745     224499    450   1125    499  0.78(0.65-0.89)

1,3,6,8-TCDD
319.8965 25:43 25:43    0     659431      89773    209    522    430
321.8936 25:43 25:43    0     833997     110819    140    350    792  0.79(0.65-0.89)

1,2,8,9-TCDF
303.9016 34:49 34:49    0     976870     119878    179    447    670
305.8987 34:49 34:49    0    1230544     148928    450   1125    331  0.79(0.65-0.89)

1,2,8,9-TCDD R
319.8965 34:56 34:56    0     621667      77237    209    522
321.8936 34:56 34:56    0     406234      99648    140    350  1.53(0.65-0.89)

1,3,4,6,8-PeCDF
339.8597 35:30 35:30    0    5766695     802508   2242   5605    358
341.8567 35:30 35:30    0    3652163     508637   1407   3517    362  1.58(1.32-1.78)

1,2,4,7,9-PeCDD
355.8546 38:12 38:12    0    3532025     602440   1136   2840    530
357.8516 38:12 38:12    0    2237206     374750    374    935   1002  1.58(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 41:40 41:40    0    3922341     906446   1136   2840    798
357.8516 41:40 41:40    0    2480847     587482    374    935   1571  1.58(1.32-1.78)

1,2,3,8,9-PeCDF
339.8597 41:47 41:47    0    5640415    1328106   2242   5605    592
341.8567 41:47 41:47    0    3580262     862011   1407   3517    613  1.58(1.32-1.78)
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,8-HxCDF
373.8208 42:58 42:58    0    6408064    1762377   4021  10052    438
375.8178 42:58 42:58    0    5185601    1395659   3318   8295    421  1.24(1.05-1.43)

1,2,4,6,7,9-HxCDD
389.8158 43:38 43:38    0    4834597    1263198   2295   5737    550
391.8127 43:38 43:38    0    3756180    1000999   1727   4317    580  1.29(1.05-1.43)

1,2,3,4,8,9-HxCDF
373.8208 46:10 46:10    0    5877002    1308455   4021  10052    325
375.8178 46:10 46:10    0    4668579    1034589   3318   8295    312  1.26(1.05-1.43)

1,2,3,4,6,7,9-HpCDD
423.7767 48:59 48:59    0    3636651     724215    546   1365   1326
425.7737 48:59 48:59    0    3502532     696931    664   1660   1050  1.04(0.88-1.20)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
Reagents:
61WDML3OP_00001 Amount Added:  20.00 Units: uL
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Lims ID: WDM
Client ID:
Inject. Date: 16-May-2014 10:23:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 1

Non-2,3,7,8-sub-TCDD, RT: 30.308

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

31:21            634630             64877            795249             85115 0.80
31:35            596138             66085            756200             78976 0.79
32:23            679460             67333            837977             80267 0.81
Signal Totals:

          1910228            198295           2389426            244358
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          4299654            442653 0.80

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (4299654 * 0.0) / (0 * 0.000)
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

AreaSum WorkSheet Report

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Lims ID: WDM
Client ID:
Inject. Date: 16-May-2014 10:23:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: D2A Operator: DavidsonM
Lims Batch ID: 7768 Lims Sample ID: 1

Non-2,3,7,8-sub-TCDF, RT: 28.995

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

Invalid SimRptGroup

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

28:39             18518              2522             23246              3134 0.80
Signal Totals:

            18518              2522             23246              3134
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            41764              5656 0.80

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (41764 * 0.0) / (0 * 0.000)
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
0)

F1:m/z     319.8965

1,3,6,8-TCDD 25.70
2,3,7,8-TCDD 31.85 1,2,8,9-TCDD 34.92

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     321.8936

1,3,6,8-TCDD 25.70 2,3,7,8-TCDD 31.86 1,2,8,9-TCDD 34.92

TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-1,2,3,4-TCDD 31.28

13C-2,3,7,8-TCDD 31.81

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

12

24

36

48

60

72

84

96

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD 31.28

13C-2,3,7,8-TCDD 31.80
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
0)

F1:m/z     319.8965

1,3,6,8-TCDD 25.70

2,3,7,8-TCDD 31.85 1,2,8,9-TCDD 34.92

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     321.8936

1,3,6,8-TCDD 25.70
2,3,7,8-TCDD 31.86

1,2,8,9-TCDD 34.92

TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 01-Feb-2017 12:19:16 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
0)

F1:m/z     327.8847

25.73

37Cl4-2,3,7,8-TCDD 31.86

31.33 32.33 34.90

37Cl4-TCDD Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
0)

F1:m/z     331.9368

13C-1,2,3,4-TCDD 31.28

13C-2,3,7,8-TCDD 31.81

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54

63

72

81

90

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD 31.28

13C-2,3,7,8-TCDD 31.80
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
37Cl4-TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
0)

F1:m/z     327.8847

25.73

37Cl4-2,3,7,8-TCDD 31.86

31.33 32.33 34.90

37Cl4-TCDD Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

90

96

Y

F1:m/z     313.9834
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

1,3,6,8-TCDF 23.19

2,3,7,8-TCDF 29.77 1,2,8,9-TCDF 34.80

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

1,3,6,8-TCDF 23.19

2,3,7,8-TCDF 29.77
1,2,8,9-TCDF 34.80

TCDF Standards

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419

13C-2,3,7,8-TCDF 29.74

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389

28.59

13C-2,3,7,8-TCDF 29.74
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

1,3,6,8-TCDF 23.19

2,3,7,8-TCDF 29.77 1,2,8,9-TCDF 34.80

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

1,3,6,8-TCDF 23.19

2,3,7,8-TCDF 29.77 1,2,8,9-TCDF 34.80

TCDF Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

1,3,6,8-TCDF 23.19

2,3,7,8-TCDF 29.77 1,2,8,9-TCDF 34.80

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

1,3,6,8-TCDF 23.19

2,3,7,8-TCDF 29.77 1,2,8,9-TCDF 34.80

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0 36.0
Min

1

5

9

13

17

21

25

29

33

37

41

45

Y
 ( 

X
10

)

F1:m/z     375.8364
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
PeCDD

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F2:m/z     355.8546

1,2,4,7,9-PeCDD 38.18

1,2,3,7,8-PeCDD 41.01 1,2,3,8,9-PeCDD 41.64

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F2:m/z     357.8516

1,2,4,7,9-PeCDD 38.18

1,2,3,7,8-PeCDD 41.01
1,2,3,8,9-PeCDD 41.64

PeCDD Standards

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F2:m/z     367.8949

13C-1,2,3,7,8-PeCDD 40.99

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919

13C-1,2,3,7,8-PeCDD 40.99

41.21
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
PeCDD

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

)

F2:m/z     355.8546

1,2,4,7,9-PeCDD 38.18

1,2,3,7,8-PeCDD 41.01
1,2,3,8,9-PeCDD 41.64

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
0)

F2:m/z     357.8516

1,2,4,7,9-PeCDD 38.18

1,2,3,7,8-PeCDD 41.01
1,2,3,8,9-PeCDD 41.64

PeCDD Lock Mass

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F2:m/z     313.9834
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
PeCDF

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597

1,3,4,6,8-PeCDF 35.48

2,3,4,7,8-PeCDF 40.49
1,2,3,8,9-PeCDF 41.77

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567

1,3,4,6,8-PeCDF 35.48

2,3,4,7,8-PeCDF 40.49
1,2,3,8,9-PeCDF 41.77

PeCDF Standards

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

)

F2:m/z     351.9000

13C-1,2,3,7,8-PeCDF 39.27

13C-2,3,4,7,8-PeCDF 40.47

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F2:m/z     353.8970

13C-1,2,3,7,8-PeCDF 39.27

13C-2,3,4,7,8-PeCDF 40.47

Page 2165 of 2476



Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
PeCDF

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597

1,3,4,6,8-PeCDF 35.48

2,3,4,7,8-PeCDF 40.49

1,2,3,8,9-PeCDF 41.77

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567

1,3,4,6,8-PeCDF 35.48

2,3,4,7,8-PeCDF 40.49
1,2,3,8,9-PeCDF 41.77

PeCDF Lock Mass

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F2:m/z     313.9834
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
PeCDF

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597

1,3,4,6,8-PeCDF 35.48

2,3,4,7,8-PeCDF 40.49

1,2,3,8,9-PeCDF 41.77

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567

1,3,4,6,8-PeCDF 35.48

2,3,4,7,8-PeCDF 40.49
1,2,3,8,9-PeCDF 41.77

PeCDF Interference Mass

35.3 36.0 36.7 37.4 38.1 38.8 39.5 40.2 40.9 41.6 42.3
Min

1

4

7

10

13

16

19

22

25

28

31

34

Y
 ( 

X
10

)

F2:m/z     409.7974 40.78
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
HxCDD

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F3:m/z     389.8158

1,2,4,6,7,9-HxCDD 43.62

1,2,3,7,8,9-HxCDD 45.75

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     391.8127

1,2,4,6,7,9-HxCDD 43.62

1,2,3,4,7,8-HxCDD 45.23 1,2,3,7,8,9-HxCDD 45.75

HxCDD Standards

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559

13C-1,2,3,4,7,8-HxCDD 45.21
13C-1,2,3,7,8,9-HxCDD 45.73

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F3:m/z     403.8529

13C-1,2,3,4,7,8-HxCDD 45.21
13C-1,2,3,7,8,9-HxCDD 45.73
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
HxCDD

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F3:m/z     389.8158

1,2,4,6,7,9-HxCDD 43.62

1,2,3,7,8,9-HxCDD 45.75

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     391.8127

1,2,4,6,7,9-HxCDD 43.62

1,2,3,4,7,8-HxCDD 45.23 1,2,3,7,8,9-HxCDD 45.75

HxCDD Lock Mass

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208

1,2,3,4,6,8-HxCDF 42.95
1,2,3,6,7,8-HxCDF 44.32

1,2,3,4,8,9-HxCDF 46.15

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178

1,2,3,4,6,8-HxCDF 42.95
1,2,3,6,7,8-HxCDF 44.32

2,3,4,6,7,8-HxCDF 45.06

1,2,3,4,8,9-HxCDF 46.15

HxCDF Standards

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639

13C-1,2,3,4,7,8-HxCDF 44.16
13C-2,3,4,6,7,8-HxCDF 45.04

13C-1,2,3,7,8,9-HxCDF 46.00

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610

13C-1,2,3,4,7,8-HxCDF 44.16
13C-2,3,4,6,7,8-HxCDF 45.04

13C-1,2,3,7,8,9-HxCDF 46.00
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208

1,2,3,4,6,8-HxCDF 42.95
1,2,3,6,7,8-HxCDF 44.32

2,3,4,6,7,8-HxCDF 45.06

1,2,3,7,8,9-HxCDF 46.02

1,2,3,4,8,9-HxCDF 46.15

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178

1,2,3,4,6,8-HxCDF 42.95

1,2,3,6,7,8-HxCDF 44.32

2,3,4,6,7,8-HxCDF 45.06

1,2,3,7,8,9-HxCDF 46.02

1,2,3,4,8,9-HxCDF 46.15

HxCDF Lock Mass

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F3:m/z     375.9802
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
HxCDF

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208

1,2,3,4,6,8-HxCDF 42.95
1,2,3,6,7,8-HxCDF 44.32

2,3,4,6,7,8-HxCDF 45.06

1,2,3,7,8,9-HxCDF 46.02

1,2,3,4,8,9-HxCDF 46.15

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178

1,2,3,4,6,8-HxCDF 42.95

1,2,3,6,7,8-HxCDF 44.32

2,3,4,6,7,8-HxCDF 45.06

1,2,3,7,8,9-HxCDF 46.02

1,2,3,4,8,9-HxCDF 46.15

HxCDF Interference Mass

42.5 43.0 43.5 44.0 44.5 45.0 45.5 46.0 46.5 47.0 47.5
Min

2

4

6

8

10

12

14

Y
 ( 

X
10

)

F3:m/z     445.7555

43.84

44.69

44.94

44.35
46.27

47.42
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
HpCDD

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F4:m/z     423.7767

1,2,3,4,6,7,9-HpCDD 48.96

1,2,3,4,6,7,8-HpCDD 50.17

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F4:m/z     425.7737

1,2,3,4,6,7,9-HpCDD 48.96

1,2,3,4,6,7,8-HpCDD 50.16

HpCDD Standards

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169

13C-1,2,3,4,6,7,8-HpCDD 50.14

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140

48.94

13C-1,2,3,4,6,7,8-HpCDD 50.14
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
HpCDD

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
0)

F4:m/z     423.7767

1,2,3,4,6,7,9-HpCDD 48.96

1,2,3,4,6,7,8-HpCDD 50.17

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
0)

F4:m/z     425.7737

1,2,3,4,6,7,9-HpCDD 48.96

1,2,3,4,6,7,8-HpCDD 50.16

HpCDD Lock Mass

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
HpCDF

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.45

1,2,3,4,7,8,9-HpCDF 50.80

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.45

1,2,3,4,7,8,9-HpCDF 50.80

HpCDF Standards

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     417.8250

13C-1,2,3,4,6,7,8-HpCDF 48.44

13C-1,2,3,4,7,8,9-HpCDF 50.78

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220

13C-1,2,3,4,6,7,8-HpCDF 48.44

13C-1,2,3,4,7,8,9-HpCDF 50.78
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Report Date: 01-Feb-2017 12:19:17 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
HpCDF

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.45

1,2,3,4,7,8,9-HpCDF 50.80

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.45

1,2,3,4,7,8,9-HpCDF 50.80

HpCDF Lock Mass

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 01-Feb-2017 12:19:18 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
HpCDF

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF 48.45

1,2,3,4,7,8,9-HpCDF 50.80

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF 48.45

1,2,3,4,7,8,9-HpCDF 50.80

HpCDF Interference Mass

47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0 52.5 53.0
Min

2

5

8

11

14

17

20

23

26

Y
 ( 

X
10

)

F4:m/z     479.7165
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Report Date: 01-Feb-2017 12:19:18 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
OCDD

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377

OCDD 54.29

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348

OCDD 54.29

OCDD Standards

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F5:m/z     469.7780

13C-OCDD 54.27

54.81

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750

13C-OCDD 54.27
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Report Date: 01-Feb-2017 12:19:18 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
OCDD

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377

OCDD 54.29

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348

OCDD 54.29

OCDD Lock Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770

Page 2179 of 2476



Report Date: 01-Feb-2017 12:19:18 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428

OCDF 54.43

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399

OCDF 54.43

OCDF Standards

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F5:m/z     453.7830

13C-OCDF 54.41

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F5:m/z     455.7801

13C-OCDF 54.41
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Report Date: 01-Feb-2017 12:19:18 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428

OCDF 54.43

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399

OCDF 54.43

OCDF Lock Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 01-Feb-2017 12:19:18 Chrom Revision: 2.2  30-Jan-2017 14:50:44
TestAmerica Knoxville

Data File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516w1.d
Injection Date: 16-May-2014 10:23:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: DavidsonM
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 7768 Sample Line#: 1
Column Type: Column Dia:
OCDF

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428

OCDF 54.43

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399

OCDF 54.43

OCDF Interference Mass

53.1 53.5 53.9 54.3 54.7 55.1 55.5 55.9 56.3 56.7 57.1 57.5
Min

2

5

8

11

14

17

20

23

26

29

Y
 ( 

X
10

)

F5:m/z     513.6775
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

140-17578-1

Lab Sample ID: MB 140-35991/20-A

Eurofins TestAmerica, Knoxville

Matrix: mb140-3599120-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  04:00

Low1(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 36126 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.0 0.0631746-01-6 2,3,7,8-TCDD ND

1.0 0.063J41903-57-5 Total TCDD 0.118

5.0 0.06040321-76-4 1,2,3,7,8-PeCDD ND

5.0 0.06036088-22-9 Total PeCDD ND

5.0 0.04139227-28-6 1,2,3,4,7,8-HxCDD ND

5.0 0.04057653-85-7 1,2,3,6,7,8-HxCDD ND

5.0 0.03819408-74-3 1,2,3,7,8,9-HxCDD ND

5.0 0.039J q34465-46-8 Total HxCDD 0.683

5.0 0.071J q35822-46-9 1,2,3,4,6,7,8-HpCDD 0.189

5.0 0.071J q37871-00-4 Total HpCDD 0.435

10 0.019J q3268-87-9 OCDD 2.36

1.0 0.03251207-31-9 2,3,7,8-TCDF ND

1.0 0.032J q30402-14-3 Total TCDF 0.116

5.0 0.05357117-41-6 1,2,3,7,8-PeCDF ND

5.0 0.04857117-31-4 2,3,4,7,8-PeCDF ND

5.0 0.05330402-15-4 Total PeCDF ND

5.0 0.05070648-26-9 1,2,3,4,7,8-HxCDF ND

5.0 0.04657117-44-9 1,2,3,6,7,8-HxCDF ND

5.0 0.05060851-34-5 2,3,4,6,7,8-HxCDF ND

5.0 0.06772918-21-9 1,2,3,7,8,9-HxCDF ND

5.0 0.06755684-94-1 Total HxCDF ND

5.0 0.017J q67562-39-4 1,2,3,4,6,7,8-HpCDF 0.175

5.0 0.028J55673-89-7 1,2,3,4,7,8,9-HpCDF 0.193

5.0 0.022J q38998-75-3 Total HpCDF 0.368

10 0.024J39001-02-0 OCDF 1.32

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

140-17578-1

Lab Sample ID: MB 140-35991/20-A

Eurofins TestAmerica, Knoxville

Matrix: mb140-3599120-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  04:00

Low1(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 36126 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

65 25-16476523-40-5 13C-2,3,7,8-TCDD

65 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

67 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

77 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

70 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

59 17-157114423-97-1 13C-OCDD

66 24-16989059-46-1 13C-2,3,7,8-TCDF

67 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

66 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

72 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

73 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

74 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

71 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

72 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

64 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

63 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

76 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Lims ID: MB 140-35991/20-A        
Client ID:
Sample Type: MB
Inject. Date: 17-Dec-2019 04:00:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-007
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 07:07:00 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: parslyt Date: 17-Dec-2019 05:18:31

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:51   0.0317   0.0317
A Non-2,3,7,8-sub-TCDD 29:30       2245 0.87   1.1733      0.0591      0.0591   0.0317   0.0591
S Total TCDD      0.0591      0.0591   0.0317   0.0317

  2,3,7,8-TCDF 28:52   0.0160   0.0160
A Non-2,3,7,8-sub-TCDF 28:13       3386 0.77   1.0881      0.1430      0.0582   0.0160   0.0582  RQa
S Total TCDF      0.1430      0.0582   0.0160   0.0160  RQ

  1,2,3,7,8-PeCDD 40:35   0.0300   0.0300
A Non-2,3,7,8-sub-PeCDD 39:27   0.0300   0.0300
S Total PeCDD   0.0300   0.0300

  1,2,3,7,8-PeCDF 38:48   0.0264   0.0264
  2,3,4,7,8-PeCDF 40:03   0.0241   0.0241
A Non-2,3,7,8-sub-PeCDF 38:02   0.0251   0.0251
S Total PeCDF   0.0264   0.0264

  1,2,3,4,7,8-HxCDD 44:51   0.0204   0.0204
  1,2,3,6,7,8-HxCDD 44:58   0.0199   0.0199
  1,2,3,7,8,9-HxCDD 45:21   0.0189   0.0189
A Non-2,3,7,8-sub-HxCDD 44:19      11709 1.24   1.1700      0.3879      0.3413   0.0197   0.3413  RQM
S Total HxCDD      0.3879      0.3413   0.0197   0.0197  RQ

  1,2,3,4,7,8-HxCDF 43:49   0.0252   0.0252
  1,2,3,6,7,8-HxCDF 43:57   0.0231   0.0231
  2,3,4,6,7,8-HxCDF 44:40   0.0249   0.0249
  1,2,3,7,8,9-HxCDF 45:36   0.0337   0.0337
A Non-2,3,7,8-sub-HxCDF 44:10   0.0262   0.0262
S Total HxCDF   0.0337   0.0337

  1,2,3,4,6,7,8-HpCDD 49:38       2719 1.04   1.1204      0.1035      0.0945   0.0357   0.0357  RQM
A Non-2,3,7,8-sub-HpCDD 49:03       3535 1.15   1.1204      0.1229      0.1229   0.0357   0.1229
S Total HpCDD      0.2264      0.2174   0.0357   0.0357  RQ

  1,2,3,4,6,7,8-HpCDF 47:57       4471 1.04   1.4984      0.0970      0.0877 0.008478 0.008478  RQM
  1,2,3,4,7,8,9-HpCDF 50:17       3456 1.08   1.3807      0.0964      0.0964   0.0140   0.0140  M
A Non-2,3,7,8-sub-HpCDF 49:20   0.0107   0.0107
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HpCDF      0.1934      0.1841   0.0112   0.0112  RQ

  OCDD 53:53      26786 0.89   1.2073       1.293       1.178 0.009718 0.009718  RQM
  OCDF 54:01      22107 0.89   1.1162      0.6589      0.6589   0.0120   0.0120  M
D 13C-2,3,7,8-TCDD 30:47    1618624 0.78   1.0709        32.7        32.7   0.3308   0.3308  65.45
D 13C-2,3,7,8-TCDF 28:47    2672751 0.79   1.7545        33.0        33.0   0.1159   0.1159  65.96
D 13C-1,2,3,7,8-PeCDD 40:34    1310928 1.65   0.8743        32.5        32.5   0.2880   0.2880  64.92
D 13C-1,2,3,7,8-PeCDF 38:46    2104837 1.59   1.3704        33.3        33.3   0.3190   0.3190  66.51
D 13C-2,3,4,7,8-PeCDF 40:01    2116179 1.62   1.3837        33.1        33.1   0.3160   0.3160  66.22
D 13C-1,2,3,4,7,8-HxCDD 44:49    1335487 1.30   0.8772        33.7        33.7   0.1317   0.1317  67.37
D 13C-1,2,3,6,7,8-HxCDD 44:56    1596368 1.35   0.9171        38.5        38.5   0.1260   0.1260  77.03
D 13C-1,2,3,4,7,8-HxCDF 43:47    1944414 0.54   1.1892        36.2        36.2   0.2791   0.2791  72.36
D 13C-1,2,3,6,7,8-HxCDF 43:55    2421015 0.55   1.4625        36.6        36.6   0.2270   0.2270  73.26
D 13C-2,3,4,6,7,8-HxCDF 44:39    2197505 0.51   1.3197        36.8        36.8   0.2515   0.2515  73.69
D 13C-1,2,3,7,8,9-HxCDF 45:35    1927677 0.53   1.2001        35.5        35.5   0.2766   0.2766  71.08
D 13C-1,2,3,4,6,7,8-HpCDD 49:37    1283511 1.08   0.8155        34.8        34.8   0.2353   0.2353  69.65
D 13C-1,2,3,4,6,7,8-HpCDF 47:57    1701112 0.48   1.0496        35.9        35.9   0.2664   0.2664  71.72
D 13C-1,2,3,4,7,8,9-HpCDF 50:16    1298750 0.46   0.8947        32.1        32.1   0.3125   0.3125  64.24
D 13C-OCDD 53:52    1883962 0.97   0.7044        59.2        59.2   0.2010   0.2010  59.18
D 13C-OCDF 54:00    3005989 0.91   1.0615        62.7        62.7   0.2517   0.2517  62.66
$ 37Cl4-2,3,7,8-TCDD 30:50     427891   1.2266       7.553       7.553   0.0182   0.0182  75.53

* 13C-1,2,3,4-TCDD 30:16    4618832 0.82  9.1E+04       100.0       100.0

* 13C-1,2,3,7,8,9-HxCDD 45:19    4519377 1.25    1E+05       100.0       100.0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Lims ID: MB 140-35991/20-A        
Client ID:
Sample Type: MB
Inject. Date: 17-Dec-2019 04:00:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-007
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 07:07:00 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1004

First Level Reviewer: parslyt Date: 17-Dec-2019 05:18:31

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:50      25      62
321.8936 30:50      27      67

A Non-2,3,7,8-sub-TCDD

319.8965 24:58 29:30 -271  0.811       1044        230     25     62      9
321.8936 24:54 29:30 -275  0.809       1201        180     27     67      7  0.87(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:50      13      32
305.8987 28:50      29      72

A Non-2,3,7,8-sub-TCDF RQa

303.9016 28:57 28:13   43  1.005       6406        826     13     32     64 a
Empc Correction       1473        246     13     32     19

305.8987 28:58 28:13   44  1.006       1913        320     29     72     11  3.35(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 40:35      41     102
357.8516 40:35      31      77

A Non-2,3,7,8-sub-PeCDD
355.8546 39:27      41     102
357.8516 39:27      31      77

1,2,3,7,8-PeCDF
339.8597 38:47      27      67
341.8567 38:47      71     177

2,3,4,7,8-PeCDF
339.8597 40:02      27      67
341.8567 40:02      71     177
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDF
339.8597 38:02      27      67
341.8567 38:02      71     177

1,2,3,4,7,8-HxCDD
389.8158 44:50      45     112
391.8127 44:50      22      55

1,2,3,6,7,8-HxCDD
389.8158 44:57      45     112
391.8127 44:57      22      55

1,2,3,7,8,9-HxCDD
389.8158 45:20      45     112
391.8127 45:20      22      55

A Non-2,3,7,8-sub-HxCDD RQM

389.8158 43:50 44:19  -29  0.976       6482       1185     45    112     26 M
391.8127 43:50 44:19  -29  0.976       6823        923     22     55     42  0.95(1.05-1.43) M

Empc Correction       5227        955     22     55     43

389.8158 43:58 44:19  -21  0.000     45    112
391.8127 43:58 44:19  -21  0.000     22     55  0.00(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 43:49      50     125
375.8178 43:49      88     220

1,2,3,6,7,8-HxCDF
373.8208 43:57      50     125
375.8178 43:57      88     220

2,3,4,6,7,8-HxCDF
373.8208 44:40      50     125
375.8178 44:40      88     220

1,2,3,7,8,9-HxCDF
373.8208 45:36      50     125
375.8178 45:36      88     220

A Non-2,3,7,8-sub-HxCDF
373.8208 44:10      50     125
375.8178 44:10      88     220

1,2,3,4,6,7,8-HpCDD RQM
423.7767 49:38 49:37    0  1.000       1644        386     22     55     18 M

Empc Correction       1386        345     22     55     16
425.7737 49:38 49:37    0  1.000       1333        332     50    125      7  1.23(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDD

423.7767 48:27 49:03  -36  0.977       1892        282     22     55     13
425.7737 48:26 49:03  -37  0.976       1643        280     50    125      6  1.15(0.88-1.20)

1,2,3,4,6,7,8-HpCDF RQM
407.7817 47:57 47:58   -2  1.000       2754        545     26     65     21 M

Empc Correction       2279        612     26     65     24
409.7788 47:58 47:58   -1  1.000       2192        589      9     22     65  1.26(0.88-1.20) M

1,2,3,4,7,8,9-HpCDF M
407.7817 50:17 50:17   -1  1.000       1796        376     26     65     14 M
409.7788 50:16 50:17   -2  1.000       1660        294      9     22     33  1.08(0.88-1.20) M
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDF
407.7817 49:20      26      65
409.7788 49:20       9      22

OCDD RQM
457.7377 53:53 53:53   -1  1.000      15236       3824      1      2   3824

Empc Correction      12613       3592      1      2   3592
459.7348 53:53 53:53   -1  1.000      14173       4036     17     42    237  1.08(0.76-1.02) M

OCDF M
441.7428 54:01 54:01   -1  1.000      10382       2534     15     37    169 M
443.7399 54:01 54:01   -1  1.000      11725       2945     21     52    140  0.89(0.76-1.02) M

13C-2,3,7,8-TCDD
331.9368 30:47 30:45   -2  1.017     707857      76775    372    930    206
333.9338 30:47 30:45   -2  1.017     910767      97927    358    895    274  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:47 28:46   -2  0.951    1183596     138127    266    665    519
317.9389 28:47 28:46   -2  0.951    1489155     163571    153    382   1069  0.79(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:34 40:30   -1  1.340     816266     178658    150    375   1191
369.8919 40:34 40:30   -1  1.340     494662     108622    369    922    294  1.65(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:46 38:42   -1  1.281    1291608     238865    556   1390    430
353.8970 38:46 38:42   -1  1.281     813229     151019    345    862    438  1.59(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:01 39:58   -1  1.322    1308974     287050    556   1390    516
353.8970 40:01 39:58   -1  1.322     807205     170706    345    862    495  1.62(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:49 44:49   -1  0.989     753884     200287    242    605    828
403.8529 44:49 44:49   -1  0.989     581603     158036    217    542    728  1.30(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:56 44:56   -1  0.991     917826     206595    242    605    854
403.8529 44:56 44:56   -1  0.991     678542     159020    217    542    733  1.35(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:47 43:47   -1  0.966     679807     172535    467   1167    369
385.8610 43:47 43:47   -1  0.966    1264607     330285    851   2127    388  0.54(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:55 43:56   -1  0.969     859172     206368    467   1167    442
385.8610 43:55 43:56   -1  0.969    1561843     378177    851   2127    444  0.55(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:39 44:39   -1  0.985     740322     178805    467   1167    383
385.8610 44:39 44:39   -1  0.985    1457183     368695    851   2127    433  0.51(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:35 45:35   -1  1.006     670530     139205    467   1167    298
385.8610 45:35 45:35   -1  1.006    1257147     268242    851   2127    315  0.53(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:37 49:36    0  1.095     666308     116671    274    685    426
437.8140 49:36 49:36   -1  1.094     617203     108406    488   1220    222  1.08(0.88-1.20)
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:57 47:57   -1  1.058     548676     112914    543   1357    208
419.8220 47:57 47:57   -1  1.058    1152436     229524    567   1417    405  0.48(0.37-0.51)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:16 50:16   -1  1.109     410244      69817    543   1357    129
419.8220 50:16 50:16   -1  1.109     888506     155174    567   1417    274  0.46(0.37-0.51)

13C-OCDD
469.7780 53:52 53:52   -1  1.188     925827     188464    320    800    589
471.7750 53:52 53:52   -1  1.188     958135     195082    242    605    806  0.97(0.76-1.02)

13C-OCDF
453.7830 54:00 54:01   -1  1.192    1429186     319153    548   1370    582
455.7801 54:00 54:01   -1  1.192    1576803     350918    513   1282    684  0.91(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:50 30:48   -2  1.018     427891      43244     46    115    940

13C-1,2,3,4-TCDD
331.9368 30:16 30:19   -3    2079827     233544    372    930    628
333.9338 30:16 30:19   -3    2539005     281534    358    895    786  0.82(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:19 45:20   -1    2510453     553187    242    605   2286
403.8529 45:19 45:20   -1    2008924     439401    217    542   2025  1.25(1.05-1.43)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Lims ID: MB 140-35991/20-A
Client ID:
Inject. Date: 17-Dec-2019 04:00:00 Dil. Factor: 1.0000     
Sample Type: MB, Method Blank
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDD, RT: 29.485

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1618624          174702
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1618624          174702

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:58              1044               230              1201               180      0.0591 0.87
Signal Totals:

             1044               230              1201               180
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             2245               410 0.87

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.0591 = (2245 * 50.000) / (1618624 * 1.173)
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Lims ID: MB 140-35991/20-A
Client ID:
Inject. Date: 17-Dec-2019 04:00:00 Dil. Factor: 1.0000     
Sample Type: MB, Method Blank
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDF, RT: 28.214

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2672751          301698
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2672751          301698

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

28:57              6406               826              1913               320      0.1430 3.35 RQa
28:57              1473               246              1913               320      0.0582 Empc Correction
Signal Totals:

             1473               246              1913               320
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             8319              1146 3.35 RQa
             3386               566 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1430 = (8319 * 50.000) / (2672751 * 1.088)
Empc Amount:         0.0582 = (3386 * 50.000) / (2672751 * 1.088)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Lims ID: MB 140-35991/20-A
Client ID:
Inject. Date: 17-Dec-2019 04:00:00 Dil. Factor: 1.0000     
Sample Type: MB, Method Blank
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 7

Non-2,3,7,8-sub-HxCDD, RT: 44.311

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1335487          358323
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1596368          365615
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1465927          361969

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:50              6482              1185              6823               923      0.3879 0.95 RQM
43:50              6482              1185              5227               955      0.3413 Empc Correction
43:58                 0                 0                 0                 0 0.00
Signal Totals:

             6482              1185              5227               955
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            13305              2108 0.95 RQM
            11709              2140 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3879 = (13305 * 50.000) / (1465927 * 1.170)
Empc Amount:         0.3413 = (11709 * 50.000) / (1465927 * 1.170)
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 09:50:02 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Lims ID: MB 140-35991/20-A
Client ID:
Inject. Date: 17-Dec-2019 04:00:00 Dil. Factor: 1.0000     
Sample Type: MB, Method Blank
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1283511          225077
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1283511          225077

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:27              1892               282              1643               280      0.1229 1.15
Signal Totals:

             1892               282              1643               280
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             3535               562 1.15

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1229 = (3535 * 50.000) / (1283511 * 1.120)
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Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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18

22

26
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Y
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X
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F1:m/z     319.8965
Non-2,3,7,8-sub-TCDD
          24.96

13.54 18.56 28.93

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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F1:m/z     321.8936
Non-2,3,7,8-sub-TCDD
          24.89

20.97

15.16

TCDD Standards
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0

4

8

12

16

20

24

28

Y
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F1:m/z     331.9368
13C-1,2,3,4-TCDD
          30.26

13C-2,3,7,8-TCDD
          30.77

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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F1:m/z     333.9338
13C-1,2,3,4-TCDD
          30.26

13C-2,3,7,8-TCDD
          30.77
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Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
TCDD

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min
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Y
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X
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F1:m/z     319.8965

Non-2,3,7,8-sub-TCDD
          24.96

28.80

13.54 18.56
28.93
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Min
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X
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F1:m/z     321.8936

Non-2,3,7,8-sub-TCDD
          24.89

20.97

15.16

TCDD Lock Mass
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F1:m/z     313.9834
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Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
37Cl4-TCDD
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F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD
          30.82

16.71 24.22

37Cl4-TCDD Standards
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13C-1,2,3,4-TCDD
          30.26

13C-2,3,7,8-TCDD
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Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
0)

F1:m/z     333.9338

13C-1,2,3,4-TCDD
          30.26

13C-2,3,7,8-TCDD
          30.77
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Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
37Cl4-TCDD
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F1:m/z     327.8847

37Cl4-2,3,7,8-TCDD
          30.82

16.71 24.22

37Cl4-TCDD Lock Mass
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Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

1
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27

40
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79

92

Y
 ( 

X
10

)

F1:m/z     303.9016
Non-2,3,7,8-sub-TCDF
          28.93

16.81 19.3014.10 21.74 30.3323.3312.18 26.3417.77 32.87

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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Y
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X
10

)

F1:m/z     305.8987
Non-2,3,7,8-sub-TCDF
          28.95

27.10
31.68

17.84 34.0727.77

TCDF Standards
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X
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F1:m/z     315.9419
13C-2,3,7,8-TCDF
          28.78
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F1:m/z     317.9389
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          28.78

26.46
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Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

1

10

19
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37

46

55

64

73

82

91

100

Y
 ( 

X
10

)

F1:m/z     303.9016

Non-2,3,7,8-sub-TCDF
          28.93

16.81 19.3014.10 21.74 30.3323.3312.18 26.3417.77 32.87

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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6
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42

Y
 ( 

X
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)

F1:m/z     305.8987

Non-2,3,7,8-sub-TCDF
          28.95

27.10
31.68

17.84 34.0727.77

TCDF Lock Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

0

9
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27

36

45
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63

72
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Y

F1:m/z     313.9834
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Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min
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Y
 ( 

X
10

)

F1:m/z     303.9016

Non-2,3,7,8-sub-TCDF
          28.93

16.81 19.3014.10 21.74 30.3323.3312.18 26.3417.77 32.87

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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2

6
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18

22

26

30

34

38

42

Y
 ( 

X
10

)

F1:m/z     305.8987

Non-2,3,7,8-sub-TCDF
          28.95

27.10
31.68

17.84 34.0727.77

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
Min

2
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18
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26
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Y
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X
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F1:m/z     375.8364
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Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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PeCDD Standards
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F2:m/z     367.8949
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          40.55
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F2:m/z     369.8919
13C-1,2,3,7,8-PeCDD
          40.55
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Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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F2:m/z     313.9834
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Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
PeCDF
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PeCDF Standards
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          40.02
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F2:m/z     353.8970
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39.29
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Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
PeCDF
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PeCDF Lock Mass
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Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
PeCDF
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PeCDF Interference Mass
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Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
HxCDD
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F3:m/z     389.8158
Non-2,3,7,8-sub-HxCDD
          43.83
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Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
HxCDD
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Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

0)

F3:m/z     389.8158

Non-2,3,7,8-sub-HxCDD
          43.83

43.93

44.00
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Min
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F3:m/z     391.8127

Non-2,3,7,8-sub-HxCDD
          43.83

43.25
43.96

HxCDD Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     375.9802
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8158, RT: ( 43.23- 45.39)
Signal: 1

Processing Integration Results
RT = 43.828 Area = 7752

43.1 43.3 43.5 43.7 43.9 44.1 44.3 44.5
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Manual Integration Results
RT = 43.828 Area = 6482 M
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Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

Y
 ( 

X
10

0)
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Reviewer: parslyt, 17-Dec-2019 05:14:59
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 43.23- 45.39)
Signal: 2

Processing Integration Results
RT = 43.828 Area = 7402
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F3:m/z     391.8127

Manual Integration Results
RT = 43.828 Area = 6823 M
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Reviewer: parslyt, 17-Dec-2019 05:14:53
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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HxCDF Standards
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F3:m/z     383.8639
13C-1,2,3,6,7,8-HxCDF
          43.91

13C-1,2,3,7,8,9-HxCDF
          45.57
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13C-1,2,3,7,8,9-HxCDF
          45.57
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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HxCDF Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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Y

F3:m/z     375.9802
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
HxCDF
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Min

5

10

15

20

25

30

35

40

45

50

55

60

Y
 ( 

X
10

)

F3:m/z     375.8178

HxCDF Interference Mass
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F3:m/z     445.7555 43.83

Page 2214 of 2476



Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
HpCDD

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
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          49.63
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13C-1,2,3,4,6,7,8-HpCDD
          49.61
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13C-1,2,3,4,6,7,8-HpCDD
          49.59
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
HpCDD

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min
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F4:m/z     423.7767

1,2,3,4,6,7,8-HpCDD
          49.63

47.92

49.68
50.23
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F4:m/z     425.7737

1,2,3,4,6,7,8-HpCDD
          49.63

51.97

49.86
49.44

HpCDD Lock Mass

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
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F4:m/z     413.9770
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDD, CAS: 35822-46-9
Signal: 2

Processing Integration Results
RT:  49.63
Area: 2059
Amount:    0.138623
Amount Units: pg/ul
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Manual Integration Results
RT:  49.63
Area: 1333
Amount:    0.103506
Amount Units: pg/ul
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Reviewer: parslyt, 17-Dec-2019 05:16:13
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDD, CAS: 35822-46-9
Signal: 1

Processing Integration Results
RT:  49.63
Area: 1928
Amount:    0.138623
Amount Units: pg/ul
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Manual Integration Results
RT:  49.63
Area: 1644
Amount:    0.103506
Amount Units: pg/ul
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Reviewer: parslyt, 17-Dec-2019 05:16:32
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
HpCDF

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
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F4:m/z     407.7817
1,2,3,4,6,7,8-HpCDF
          47.94

1,2,3,4,7,8,9-HpCDF
          50.27
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          50.25

48.88
48.3447.73 51.55

HpCDF Standards
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          50.25
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Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)
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          47.94

13C-1,2,3,4,7,8,9-HpCDF
          50.25

48.60
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
HpCDF

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min
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F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF
          47.94
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          50.27
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1,2,3,4,6,7,8-HpCDF
          47.95

1,2,3,4,7,8,9-HpCDF
          50.25

48.88
48.3447.73 51.55

HpCDF Lock Mass
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Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
HpCDF

46.6 47.1 47.6 48.1 48.6 49.1 49.6 50.1 50.6 51.1 51.6 52.1
Min
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F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF
          47.94

1,2,3,4,7,8,9-HpCDF
          50.27
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1,2,3,4,6,7,8-HpCDF
          47.95

1,2,3,4,7,8,9-HpCDF
          50.25

48.88
48.3447.73 51.55

HpCDF Interference Mass
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F4:m/z     479.7165 50.79
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  47.94
Area: 2669
Amount:    0.103162
Amount Units: pg/ul
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Manual Integration Results
RT:  47.94
Area: 2754
Amount:    0.097022
Amount Units: pg/ul
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Reviewer: parslyt, 17-Dec-2019 05:16:47
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  47.95
Area: 2590
Amount:    0.103162
Amount Units: pg/ul
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Manual Integration Results
RT:  47.95
Area: 2192
Amount:    0.097022
Amount Units: pg/ul
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Reviewer: parslyt, 17-Dec-2019 05:17:02
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  50.27
Area: 1783
Amount:    0.100965
Amount Units: pg/ul
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Manual Integration Results
RT:  50.27
Area: 1796
Amount:    0.096364
Amount Units: pg/ul
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Reviewer: parslyt, 17-Dec-2019 05:17:21
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 2

Processing Integration Results
RT:  50.25
Area: 1838
Amount:    0.100965
Amount Units: pg/ul
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Manual Integration Results
RT:  50.25
Area: 1660
Amount:    0.096364
Amount Units: pg/ul
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Reviewer: parslyt, 17-Dec-2019 05:17:29
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
OCDD
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
OCDD
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDD, CAS: 3268-87-9
Signal: 2

Processing Integration Results
RT:  53.87
Area: 16339
Amount:    1.388262
Amount Units: pg/ul
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Manual Integration Results
RT:  53.87
Area: 14173
Amount:    1.293029
Amount Units: pg/ul
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Reviewer: parslyt, 17-Dec-2019 05:17:48
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 7
Column Type: Column Dia:
OCDF
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 1

Processing Integration Results
RT:  54.01
Area: 11307
Amount:    0.734474
Amount Units: pg/ul
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Manual Integration Results
RT:  54.01
Area: 10382
Amount:    0.658889
Amount Units: pg/ul
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Reviewer: parslyt, 17-Dec-2019 05:18:04
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:50:03 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\mb140-3599120-a.d
Injection Date: 17-Dec-2019 04:00:00 Instrument ID: D2A
Lims ID: MB 140-35991/20-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  54.01
Area: 13336
Amount:    0.734474
Amount Units: pg/ul
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Manual Integration Results
RT:  54.01
Area: 11725
Amount:    0.658889
Amount Units: pg/ul
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Reviewer: parslyt, 17-Dec-2019 05:18:07
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

140-17578-1

Lab Sample ID: LCS 140-35991/21-A

Eurofins TestAmerica, Knoxville

Matrix: lcs140-3599121-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  02:04

Low1(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 36126 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.0 0.141746-01-6 2,3,7,8-TCDD 20.7

1.0 0.1441903-57-5 Total TCDD 20.7

5.0 0.03940321-76-4 1,2,3,7,8-PeCDD 104

5.0 0.03936088-22-9 Total PeCDD 104

5.0 0.03639227-28-6 1,2,3,4,7,8-HxCDD 101

5.0 0.03757653-85-7 1,2,3,6,7,8-HxCDD 104

5.0 0.03419408-74-3 1,2,3,7,8,9-HxCDD 105

5.0 0.03634465-46-8 Total HxCDD 310

5.0 0.08435822-46-9 1,2,3,4,6,7,8-HpCDD 94.4

5.0 0.08437871-00-4 Total HpCDD 94.4

10 0.0173268-87-9 OCDD 187

1.0 0.05651207-31-9 2,3,7,8-TCDF 21.5

1.0 0.05630402-14-3 Total TCDF 21.5

5.0 0.08957117-41-6 1,2,3,7,8-PeCDF 95.9

5.0 0.08357117-31-4 2,3,4,7,8-PeCDF 102

5.0 0.08630402-15-4 Total PeCDF 198

5.0 0.3670648-26-9 1,2,3,4,7,8-HxCDF 103

5.0 0.3357117-44-9 1,2,3,6,7,8-HxCDF 98.4

5.0 0.3560851-34-5 2,3,4,6,7,8-HxCDF 97.8

5.0 0.4572918-21-9 1,2,3,7,8,9-HxCDF 101

5.0 0.3755684-94-1 Total HxCDF 401

5.0 0.02767562-39-4 1,2,3,4,6,7,8-HpCDF 94.2

5.0 0.04355673-89-7 1,2,3,4,7,8,9-HpCDF 104

5.0 0.03538998-75-3 Total HpCDF 198

10 0.02439001-02-0 OCDF 165

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

140-17578-1

Lab Sample ID: LCS 140-35991/21-A

Eurofins TestAmerica, Knoxville

Matrix: lcs140-3599121-a.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

1

HRMS-Sox

12/17/2019  02:04

Low1(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 36126 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

65 20-17576523-40-5 13C-2,3,7,8-TCDD

70 21-227109719-79-1 13C-1,2,3,7,8-PeCDD

70 21-193109719-80-4 13C-1,2,3,4,7,8-HxCDD

78 25-163109719-81-5 13C-1,2,3,6,7,8-HxCDD

79 26-166109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

70 13-199114423-97-1 13C-OCDD

65 22-15289059-46-1 13C-2,3,7,8-TCDF

69 21-192109719-77-9 13C-1,2,3,7,8-PeCDF

69 13-328116843-02-8 13C-2,3,4,7,8-PeCDF

70 19-202114423-98-2 13C-1,2,3,4,7,8-HxCDF

73 21-159116843-03-9 13C-1,2,3,6,7,8-HxCDF

76 22-176116843-05-1 13C-2,3,4,6,7,8-HxCDF

76 17-205116843-04-0 13C-1,2,3,7,8,9-HxCDF

78 21-158109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

73 20-186109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

76 13-199109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

72 31-19185508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Lims ID: LCS 140-35991/21-A       
Client ID:
Sample Type: LCS
Inject. Date: 17-Dec-2019 02:04:00 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-002
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 03:18:48 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0327

First Level Reviewer: parslyt Date: 17-Dec-2019 03:18:48

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:49     309057 0.80   1.1733        10.4        10.4   0.0680   0.0680    104
A Non-2,3,7,8-sub-TCDD 29:30   0.0680   0.1771  RQU
S Total TCDD        10.4        10.4   0.0680   0.0680

  2,3,7,8-TCDF 28:51     487328 0.81   1.0881        10.8        10.8   0.0279   0.0279    108
A Non-2,3,7,8-sub-TCDF 28:13   0.0279   0.2272  RQU
S Total TCDF        10.8        10.8   0.0279   0.0279

  1,2,3,7,8-PeCDD 40:35    1205619 1.60   1.0434        51.9        51.9   0.0196   0.0196    104
A Non-2,3,7,8-sub-PeCDD 39:27   0.0196    1.753  RQU
S Total PeCDD        51.9        51.9   0.0196   0.0196

  1,2,3,7,8-PeCDF 38:47    1983994 1.59   1.1898        47.9        47.9   0.0447   0.0447  95.86
  2,3,4,7,8-PeCDF 40:03    1994927 1.57   1.1095        51.1        51.1   0.0415   0.0415    102
A Non-2,3,7,8-sub-PeCDF 38:02   0.0429    1.505  RQU
S Total PeCDF        99.0        99.0   0.0431   0.0431

  1,2,3,4,7,8-HxCDD 44:50    1410723 1.25   1.1409        50.6        50.6   0.0182   0.0182    101
  1,2,3,6,7,8-HxCDD 44:57    1703666 1.28   1.1481        52.0        52.0   0.0186   0.0186    104
  1,2,3,7,8,9-HxCDD 45:21    1696542 1.29   1.2212        52.4        52.4   0.0172   0.0172    105
A Non-2,3,7,8-sub-HxCDD 44:19   0.0180    1.830  U
S Total HxCDD       155.0       155.0   0.0180   0.0180

  1,2,3,4,7,8-HxCDF 43:48    2349005 1.27   1.3629        51.7        51.7   0.1796   0.1796    103
  1,2,3,6,7,8-HxCDF 43:57    2677786 1.25   1.2762        49.2        49.2   0.1640   0.1640  98.43
  2,3,4,6,7,8-HxCDF 44:40    2456664 1.26   1.2654        48.9        48.9   0.1763   0.1763  97.82
  1,2,3,7,8,9-HxCDF 45:36    2318376 1.27   1.2573        50.6        50.6   0.2242   0.2242    101
A Non-2,3,7,8-sub-HxCDF 44:10   0.1835    1.358  RQU
S Total HxCDF       200.5       200.5   0.1860   0.1860

  1,2,3,4,6,7,8-HpCDD 49:38    1363273 1.06   1.1204        47.2        47.2   0.0422   0.0422  94.41
A Non-2,3,7,8-sub-HpCDD 49:03   0.0422    4.130  U
S Total HpCDD        47.2        47.2   0.0422   0.0422

  1,2,3,4,6,7,8-HpCDF 47:58    2305052 1.07   1.4984        47.1        47.1   0.0137   0.0137  94.23
  1,2,3,4,7,8,9-HpCDF 50:18    1855199 1.08   1.3807        51.9        51.9   0.0216   0.0216    104
A Non-2,3,7,8-sub-HpCDF 49:20   0.0169   0.9746  RQU
S Total HpCDF        99.0        99.0   0.0176   0.0176
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  OCDD 53:53    2220631 0.92   1.2073        93.3        93.3 0.008453 0.008453  93.27
  OCDF 54:01    2966438 0.92   1.1162        82.6        82.6   0.0118   0.0118  82.63
D 13C-2,3,7,8-TCDD 30:48    1272229 0.79   1.0709        32.5        32.5   0.3064   0.3064  64.92
D 13C-2,3,7,8-TCDF 28:49    2081136 0.79   1.7545        32.4        32.4   0.1290   0.1290  64.83
D 13C-1,2,3,7,8-PeCDD 40:34    1112985 1.63   0.8743        34.8        34.8   0.2037   0.2037  69.57
D 13C-1,2,3,7,8-PeCDF 38:45    1739536 1.60   1.3704        34.7        34.7   0.2953   0.2953  69.37
D 13C-2,3,4,7,8-PeCDF 40:01    1758865 1.48   1.3837        34.7        34.7   0.2924   0.2924  69.47
D 13C-1,2,3,4,7,8-HxCDD 44:49    1221518 1.31   0.8772        35.0        35.0   0.1209   0.1209  70.00
D 13C-1,2,3,6,7,8-HxCDD 44:56    1427823 1.35   0.9171        39.1        39.1   0.1157   0.1157  78.26
D 13C-1,2,3,4,7,8-HxCDF 43:47    1665819 0.53   1.1892        35.2        35.2   0.3066   0.3066  70.42
D 13C-1,2,3,6,7,8-HxCDF 43:56    2131554 0.54   1.4625        36.6        36.6   0.2493   0.2493  73.27
D 13C-2,3,4,6,7,8-HxCDF 44:39    1984622 0.55   1.3197        37.8        37.8   0.2763   0.2763  75.60
D 13C-1,2,3,7,8,9-HxCDF 45:35    1820423 0.52   1.2001        38.1        38.1   0.3038   0.3038  76.25
D 13C-1,2,3,4,6,7,8-HpCDD 49:36    1288763 1.06   0.8155        39.7        39.7   0.2510   0.2510  79.44
D 13C-1,2,3,4,6,7,8-HpCDF 47:57    1632595 0.47   1.0496        39.1        39.1   0.2820   0.2820  78.19
D 13C-1,2,3,4,7,8,9-HpCDF 50:17    1294230 0.45   0.8947        36.4        36.4   0.3308   0.3308  72.71
D 13C-OCDD 53:52    1972068 0.91   0.7044        70.4        70.4   0.3295   0.3295  70.37
D 13C-OCDF 54:00    3216244 0.92   1.0615        76.2        76.2   0.2553   0.2553  76.16
$ 37Cl4-2,3,7,8-TCDD 30:49     322689   1.2266       7.189       7.189   0.0161   0.0161  71.89

* 13C-1,2,3,4-TCDD 30:17    3659506 0.82  9.1E+04       100.0       100.0    100

* 13C-1,2,3,7,8,9-HxCDD 45:20    3978594 1.32    1E+05       100.0       100.0    100

QC Flag Legend
Review Flags
  U - Marked Undetected
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Lims ID: LCS 140-35991/21-A       
Client ID:
Sample Type: LCS
Inject. Date: 17-Dec-2019 02:04:00 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: 140-0014051-002
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 03:18:48 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX0327

First Level Reviewer: parslyt Date: 17-Dec-2019 03:18:48

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:49 30:51   -3  1.001     137610      15911     51    127    312
321.8936 30:50 30:51   -2  1.001     171447      18953     34     85    557  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDD U
319.8965 24:56 29:30 -273  0.810       2083        330     51    127      6

Empc Correction       1747        274     51    127      5
321.8936 24:56 29:30 -273  0.810       2270        356     34     85     10  0.92(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:51 28:52   -2  1.001     218386      23224     28     70    829
305.8987 28:51 28:52   -2  1.001     268942      28247     28     70   1009  0.81(0.65-0.89)

A Non-2,3,7,8-sub-TCDF U
303.9016 22:30 28:13 -343  0.781       2122        361     28     70     13
305.8987 22:32 28:13 -341  0.782       2420        423     28     70     15  0.88(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 40:35 40:35    0  1.000     742130     159245     19     47   8381
357.8516 40:35 40:35    0  1.000     463489     101299     20     50   5065  1.60(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD U
355.8546 37:37 39:27 -110  0.927       9651       1415     19     47     74
357.8516 37:37 39:27 -110  0.927       7625       1209     20     50     60  1.27(1.32-1.78)

Empc Correction       6226        912     20     50     46

1,2,3,7,8-PeCDF
339.8597 38:47 38:46    0  1.001    1218239     226249     75    187   3017
341.8567 38:47 38:46    0  1.001     765755     142128     61    152   2330  1.59(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 40:03 40:02    0  1.001    1218684     249500     75    187   3327
341.8567 40:02 40:02   -1  1.000     776243     160870     61    152   2637  1.57(1.32-1.78)
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDF U
339.8597 34:40 38:02 -201  0.895      16858       1917     75    187     26

Empc Correction      14131       2200     75    187     29
341.8567 34:41 38:02 -200  0.895       9117       1420     61    152     23  1.85(1.32-1.78)

1,2,3,4,7,8-HxCDD
389.8158 44:50 44:50    0  1.000     785082     206646     29     72   7126
391.8127 44:50 44:50    0  1.000     625641     161934     23     57   7041  1.25(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:57 44:57    0  1.000     956915     208119     29     72   7177
391.8127 44:57 44:57    0  1.000     746751     157568     23     57   6851  1.28(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:21 45:21    0  1.012     954584     189167     29     72   6523
391.8127 45:20 45:21   -1  1.011     741958     153909     23     57   6692  1.29(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD U
389.8158 43:17 44:19  -62  0.963      31351       7604     29     72    262
391.8127 43:16 44:19  -63  0.963      25381       6392     23     57    278  1.24(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 43:48 43:48    0  1.000    1312771     345155    425   1062    812
375.8178 43:48 43:48    0  1.000    1036234     275214    414   1035    665  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 43:57 43:57    0  1.000    1487021     357483    425   1062    841
375.8178 43:57 43:57    0  1.000    1190765     280298    414   1035    677  1.25(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 44:40 44:40    0  1.000    1371025     330029    425   1062    777
375.8178 44:40 44:40    0  1.000    1085639     254402    414   1035    614  1.26(1.05-1.43)

1,2,3,7,8,9-HxCDF
373.8208 45:36 45:36    0  1.000    1298762     258717    425   1062    609
375.8178 45:36 45:36    0  1.000    1019614     204387    414   1035    494  1.27(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF U
373.8208 42:35 44:10  -94  0.970      42925      10884    425   1062     26

Empc Correction      36876       9746    425   1062     23
375.8178 42:34 44:10  -95  0.969      29739       7860    414   1035     19  1.44(1.05-1.43)

1,2,3,4,6,7,8-HpCDD
423.7767 49:38 49:37    0  1.001     702645     119382     50    125   2388
425.7737 49:38 49:37    0  1.001     660628     108989     34     85   3206  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD U
423.7767 48:27 49:03  -35  0.977      60718      11507     50    125    230
425.7737 48:27 49:03  -35  0.977      58561      11724     34     85    345  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDF
407.7817 47:58 47:58   -1  1.000    1191794     232538     25     62   9302
409.7788 47:58 47:58   -1  1.000    1113258     219460     29     72   7568  1.07(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 50:18 50:18    0  1.000     961269     161199     25     62   6448
409.7788 50:18 50:18    0  1.000     893930     148640     29     72   5126  1.08(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF U
407.7817 48:21 49:20  -58  1.008      20510       2630     25     62    105
409.7788 48:21 49:20  -58  1.008      19859       2590     29     72     89  1.03(0.88-1.20)
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDD
457.7377 53:53 53:53   -1  1.000    1065386     217557     10     25  21756
459.7348 53:53 53:53   -1  1.000    1155245     241076      6     15  40179  0.92(0.76-1.02)

OCDF
441.7428 54:01 54:01   -1  1.000    1425030     309735     11     27  28158
443.7399 54:01 54:01   -1  1.000    1541408     336358     25     62  13454  0.92(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 30:48 30:46   -1  1.017     562322      57079    381    952    150
333.9338 30:47 30:46   -2  1.017     709907      75748    151    377    502  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 28:49 28:47   -1  0.952     920040     105975    192    480    552
317.9389 28:49 28:47   -1  0.952    1161096     124903    175    437    714  0.79(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:34 40:31    0  1.340     689060     145084    119    297   1219
369.8919 40:34 40:31    0  1.340     423925      91945    170    425    541  1.63(1.32-1.78)

13C-1,2,3,7,8-PeCDF
351.9000 38:45 38:43   -1  1.280    1070665     199448    327    817    610
353.8970 38:45 38:43   -1  1.280     668871     120231    329    822    365  1.60(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:01 39:59   -1  1.322    1050761     220724    327    817    675
353.8970 40:01 39:59   -1  1.322     708104     148501    329    822    451  1.48(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:49 44:49    0  0.989     693542     178339    252    630    708
403.8529 44:49 44:49    0  0.989     527976     135289     88    220   1537  1.31(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:56 44:56    0  0.991     820392     170464    252    630    676
403.8529 44:56 44:56    0  0.991     607431     133130     88    220   1513  1.35(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF
383.8639 43:47 43:47    0  0.966     578290     148723    522   1305    285
385.8610 43:47 43:47    0  0.966    1087529     279740    647   1617    432  0.53(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF
383.8639 43:56 43:56    0  0.969     746528     175598    522   1305    336
385.8610 43:56 43:56    0  0.969    1385026     325434    647   1617    503  0.54(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF
383.8639 44:39 44:39    0  0.985     706463     167064    522   1305    320
385.8610 44:39 44:39    0  0.985    1278159     302900    647   1617    468  0.55(0.43-0.59)

13C-1,2,3,7,8,9-HxCDF
383.8639 45:35 45:35    0  1.006     624991     126653    522   1305    243
385.8610 45:35 45:35    0  1.006    1195432     245224    647   1617    379  0.52(0.43-0.59)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:36 49:36   -1  1.094     663224     114860    434   1085    265
437.8140 49:37 49:36    0  1.095     625539     107293    222    555    483  1.06(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 47:57 47:57   -1  1.058     519370     107114    393    982    273
419.8220 47:57 47:57   -1  1.058    1113225     221594    556   1390    399  0.47(0.37-0.51)
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8,9-HpCDF
417.8250 50:17 50:16    0  1.109     404312      70832    393    982    180
419.8220 50:17 50:16    0  1.109     889918     155584    556   1390    280  0.45(0.37-0.51)

13C-OCDD
469.7780 53:52 53:52   -1  1.188     937968     187487    341    852    550
471.7750 53:52 53:52   -1  1.188    1034100     204503    403   1007    507  0.91(0.76-1.02)

13C-OCDF
453.7830 54:00 54:01   -1  1.191    1539290     327507    264    660   1241
455.7801 54:00 54:01   -1  1.191    1676954     358653    605   1512    593  0.92(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:49 30:49   -3  1.018     322689      32968     32     80   1030

13C-1,2,3,4-TCDD
331.9368 30:17 30:19   -3    1646771     180816    381    952    475
333.9338 30:16 30:19   -4    2012735     224490    151    377   1487  0.82(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:20 45:20    0    2261683     458274    252    630   1819
403.8529 45:20 45:20    0    1716911     343100     88    220   3899  1.32(1.05-1.43)

QC Flag Legend
Review Flags
  U - Marked Undetected
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Lims ID: LCS 140-35991/21-A
Client ID:
Inject. Date: 17-Dec-2019 02:04:00 Dil. Factor: 1.0000     
Sample Type: LCS, Lab Control Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 2

Non-2,3,7,8-sub-TCDD, RT: 29.485

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000         1272229          132827
Averages:

RRFn Qis Ris Area Ris Height
  1.173         50.000         1272229          132827

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

24:56              2083               330              2270               356      0.1458 0.92 RQ
24:56              1747               274              2270               356      0.1346 Empc Correction
30:19              1671               404              2011               270      0.1233 0.83
31:19              2885               331               931               277      0.1278 3.10 RQ
31:19               716               213               931               277      0.0552 Empc Correction
34:02              2834               343              2988               368      0.1950 0.95 RQ
34:02              2300               283              2988               368      0.1771 Empc Correction

Compound is Marked ND
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Lims ID: LCS 140-35991/21-A
Client ID:
Inject. Date: 17-Dec-2019 02:04:00 Dil. Factor: 1.0000     
Sample Type: LCS, Lab Control Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 2

Non-2,3,7,8-sub-TCDF, RT: 28.214

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000         2081136          230878
Averages:

RRFn Qis Ris Area Ris Height
  1.088         50.000         2081136          230878

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

22:30              2122               361              2420               423      0.1003 0.88
26:28              1778               190              1537               189      0.0732 1.16 RQ
26:28              1183               145              1537               189      0.0601 Empc Correction
27:48              1283               210              1579               189      0.0632 0.81
33:56              4487               392              5804               902      0.2272 0.77

Compound is Marked ND
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Lims ID: LCS 140-35991/21-A
Client ID:
Inject. Date: 17-Dec-2019 02:04:00 Dil. Factor: 1.0000     
Sample Type: LCS, Lab Control Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 2

Non-2,3,7,8-sub-PeCDD, RT: 39.441

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000         1112985          237029
Averages:

RRFn Qis Ris Area Ris Height
  1.043         50.000         1112985          237029

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

37:37              9651              1415              7625              1209      0.7438 1.27 RQ
37:37              9651              1415              6226               912      0.6836 Empc Correction
40:59              4921               675              3376               350      0.3572 1.46
41:15             25888              4690             14822              3359        1.75 1.75

Compound is Marked ND
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Lims ID: LCS 140-35991/21-A
Client ID:
Inject. Date: 17-Dec-2019 02:04:00 Dil. Factor: 1.0000     
Sample Type: LCS, Lab Control Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 2

Non-2,3,7,8-sub-PeCDF, RT: 38.019

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000         1739536          319679
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000         1758865          369225
Averages:

RRFn Qis Ris Area Ris Height
  1.150         50.000         1749200          344452

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

34:40             16858              1917              9117              1420      0.6458 1.85 RQ
34:40             14131              2200              9117              1420      0.5780 Empc Correction
39:18             11338              1887              9814              1477      0.5259 1.16 RQ
39:18             11338              1887              7314              1217      0.4638 Empc Correction
41:22             38774              7872             21756              4093        1.51 1.78

Compound is Marked ND
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Lims ID: LCS 140-35991/21-A
Client ID:
Inject. Date: 17-Dec-2019 02:04:00 Dil. Factor: 1.0000     
Sample Type: LCS, Lab Control Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 2

Non-2,3,7,8-sub-HxCDD, RT: 44.311

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000         1221518          313628
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000         1427823          303594
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170         50.000         1324670          308611

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

43:17             31351              7604             25381              6392        1.83 1.24

Compound is Marked ND
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Lims ID: LCS 140-35991/21-A
Client ID:
Inject. Date: 17-Dec-2019 02:04:00 Dil. Factor: 1.0000     
Sample Type: LCS, Lab Control Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 2

Non-2,3,7,8-sub-HxCDF, RT: 44.159

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000         1665819          428463
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000         2131554          501032
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000         1984622          469964
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000         1820423          371877
Averages:

RRFn Qis Ris Area Ris Height
  1.290         50.000         1900604          442834

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:35             42925             10884             29739              7860        1.48 1.44 RQ
42:35             36876              9746             29739              7860        1.36 Empc Correction

Compound is Marked ND
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Lims ID: LCS 140-35991/21-A
Client ID:
Inject. Date: 17-Dec-2019 02:04:00 Dil. Factor: 1.0000     
Sample Type: LCS, Lab Control Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 2

Non-2,3,7,8-sub-HpCDD, RT: 49.039

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000         1288763          222153
Averages:

RRFn Qis Ris Area Ris Height
  1.120         50.000         1288763          222153

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

48:27             60718             11507             58561             11724        4.13 1.04

Compound is Marked ND
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Lims ID: LCS 140-35991/21-A
Client ID:
Inject. Date: 17-Dec-2019 02:04:00 Dil. Factor: 1.0000     
Sample Type: LCS, Lab Control Sample
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36126 Lims Sample ID: 2

Non-2,3,7,8-sub-HpCDF, RT: 49.317

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000         1632595          328708
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000         1294230          226416
Averages:

RRFn Qis Ris Area Ris Height
  1.440         50.000         1463412          277562

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:21             20510              2630             19859              2590      0.9581 1.03
48:36             21479              2843             19582              2355      0.9746 1.10
50:42             36125              1698             11526              1732        1.13 3.13 RQ
50:42             11987              1801             11526              1732      0.5581 Empc Correction

Compound is Marked ND
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
TCDD
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Report Date: 17-Dec-2019 03:18:48 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
TCDD
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TCDD Lock Mass
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Standards
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
TCDF
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
TCDF
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
TCDF
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
PeCDD
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
PeCDD
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PeCDD Lock Mass
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
PeCDF
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          40.02
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
PeCDF
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F2:m/z     339.8597
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          40.02

41.3739.3134.68

PeCDF Lock Mass
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
PeCDF
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PeCDF Interference Mass
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
HxCDD
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Report Date: 17-Dec-2019 03:18:49 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
HxCDD
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HxCDD Lock Mass
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
HxCDF
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F3:m/z     373.8208
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          43.93
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          45.59
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HxCDF Standards
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
HxCDF
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F3:m/z     373.8208

1,2,3,6,7,8-HxCDF
          43.93
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          45.59

42.58
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1,2,3,7,8,9-HxCDF
          45.59

42.57

HxCDF Lock Mass
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
HxCDF
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F3:m/z     373.8208
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          43.93
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F3:m/z     375.8178

1,2,3,6,7,8-HxCDF
          43.93

1,2,3,7,8,9-HxCDF
          45.59

42.57

HxCDF Interference Mass
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
HpCDD
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
HpCDD
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F4:m/z     423.7767

1,2,3,4,6,7,8-HpCDD
          49.63

48.45
50.15 51.27 51.8250.73
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1,2,3,4,6,7,8-HpCDD
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HpCDD Lock Mass
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
HpCDF
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          47.96
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          50.29
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          50.27
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Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF
          47.96

1,2,3,4,7,8,9-HpCDF
          50.29

48.60 50.69 51.40

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.96

1,2,3,4,7,8,9-HpCDF
          50.29

48.35 50.74 51.72

HpCDF Lock Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F4:m/z     413.9770
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
HpCDF

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F4:m/z     407.7817

1,2,3,4,6,7,8-HpCDF
          47.96

1,2,3,4,7,8,9-HpCDF
          50.29

48.60 50.69 51.40

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F4:m/z     409.7788

1,2,3,4,6,7,8-HpCDF
          47.96

1,2,3,4,7,8,9-HpCDF
          50.29

48.35 50.74 51.72

HpCDF Interference Mass

46.5 47.0 47.5 48.0 48.5 49.0 49.5 50.0 50.5 51.0 51.5 52.0
Min

21

29

37

45

53

61

69

77

85

93

101

109

Y

F4:m/z     479.7165
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
OCDD

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F5:m/z     457.7377
OCDD
  53.87

54.36 54.75

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F5:m/z     459.7348
OCDD
  53.87

54.32 54.89 55.27

OCDD Standards

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F5:m/z     469.7780
13C-OCDD
  53.86

54.42

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F5:m/z     471.7750
13C-OCDD
  53.86

54.29
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
OCDD

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F5:m/z     457.7377

OCDD
  53.87

54.36 54.75

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F5:m/z     459.7348

OCDD
  53.87

54.32 54.89 55.27

OCDD Lock Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F5:m/z     441.7428
OCDF
  54.01

54.42 54.80

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
0)

F5:m/z     443.7399
OCDF
  54.01

54.41

OCDF Standards

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

5

10

15

20

25

30

35

40

Y
 ( 

X
10

00
0)

F5:m/z     453.7830
13C-OCDF
  53.99

54.42 54.91

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F5:m/z     455.7801
13C-OCDF
  53.99
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F5:m/z     441.7428

OCDF
  54.01

54.42 54.80

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F5:m/z     443.7399

OCDF
  54.01

54.41

OCDF Lock Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 17-Dec-2019 03:18:50 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191216-14051.b\lcs140-3599121-a.d
Injection Date: 17-Dec-2019 02:04:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 36126 Sample Line#: 2
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F5:m/z     441.7428

OCDF
  54.01

54.42 54.80

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F5:m/z     443.7399

OCDF
  54.01

54.41

OCDF Interference Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

)

F5:m/z     513.6775 56.63

52.42
55.41

57.13
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(4-6) MS

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-12 MS

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-12-bmsa.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

10

HRMS-Sox

12/18/2019  09:05

Low1(uL)

20(uL)

% Moisture: 39.1

Sample wt/vol: 9.54(g)

N

Analysis Batch No.: 36166 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

17 1.541746-01-6 2,3,7,8-TCDD 1180

17 1.541903-57-5 Total TCDD 1180

86 2.140321-76-4 1,2,3,7,8-PeCDD 182

86 2.136088-22-9 Total PeCDD 182

86 3.139227-28-6 1,2,3,4,7,8-HxCDD 177

86 3.057653-85-7 1,2,3,6,7,8-HxCDD 158

86 2.919408-74-3 1,2,3,7,8,9-HxCDD 171

86 3.034465-46-8 Total HxCDD 506

86 1.135822-46-9 1,2,3,4,6,7,8-HpCDD 253

86 1.137871-00-4 Total HpCDD 253

170 0.72F13268-87-9 OCDD 2010

17 1.430402-14-3 Total TCDF 4080

86 0.72F157117-41-6 1,2,3,7,8-PeCDF 278

86 0.58F157117-31-4 2,3,4,7,8-PeCDF 237

86 0.6530402-15-4 Total PeCDF 515

86 2.1F170648-26-9 1,2,3,4,7,8-HxCDF 320

86 2.0F157117-44-9 1,2,3,6,7,8-HxCDF 215

86 2.560851-34-5 2,3,4,6,7,8-HxCDF 202

86 2.972918-21-9 1,2,3,7,8,9-HxCDF 179

86 2.455684-94-1 Total HxCDF 915

86 0.28F167562-39-4 1,2,3,4,6,7,8-HpCDF 199

86 0.4155673-89-7 1,2,3,4,7,8,9-HpCDF 198

86 0.3538998-75-3 Total HpCDF 397

170 0.2239001-02-0 OCDF 286

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(4-6) MS

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-12 MS

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-12-bmsa.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

10

HRMS-Sox

12/18/2019  09:05

Low1(uL)

20(uL)

% Moisture: 39.1

Sample wt/vol: 9.54(g)

N

Analysis Batch No.: 36166 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

64 25-16476523-40-5 13C-2,3,7,8-TCDD

64 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

70 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

70 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

62 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

57 17-157114423-97-1 13C-OCDD

60 24-16989059-46-1 13C-2,3,7,8-TCDF

59 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

65 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

69 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

67 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

58 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

63 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

67 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

55 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

63 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

82 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: MS
Inject. Date: 18-Dec-2019 09:05:00 ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Sample Info:
Misc. Info.: 140-0014069-013
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 12:06:21 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 10:20:27

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:51     797254 0.80   1.1733        34.4        34.4   0.0423   0.0423   3441
A Non-2,3,7,8-sub-TCDD 29:27   0.0423    2.776  RQU
S Total TCDD        34.4        34.4   0.0423   0.0423

  2,3,7,8-TCDF 28:51    3935123 0.80   1.0881       118.7       118.7   0.0409   0.0409  11870
A Non-2,3,7,8-sub-TCDF 28:10   0.0409     50.0  RQU
S Total TCDF       118.7       118.7   0.0409   0.0409

  1,2,3,7,8-PeCDD 40:34      88761 1.71   1.0434       5.277       5.277   0.0597   0.0597    106
A Non-2,3,7,8-sub-PeCDD 39:24   0.0597   0.0597  U
S Total PeCDD       5.277       5.277   0.0597   0.0597

  1,2,3,7,8-PeCDF 38:46     225558 1.59   1.1898       8.089       8.089   0.0208   0.0208    162
  2,3,4,7,8-PeCDF 40:02     198584 1.54   1.1095       6.891       6.891   0.0168   0.0168    138
A Non-2,3,7,8-sub-PeCDF 37:59   0.0185    1.280  RQU
S Total PeCDF        15.0        15.0   0.0188   0.0188

  1,2,3,4,7,8-HxCDD 44:50     104102 1.34   1.1409       5.141       5.141   0.0912   0.0912    103
  1,2,3,6,7,8-HxCDD 44:56      98094 1.23   1.1481       4.591       4.591   0.0882   0.0882  91.83
  1,2,3,7,8,9-HxCDD 45:20     110571 1.23   1.2212       4.981       4.981   0.0840   0.0840  99.61
A Non-2,3,7,8-sub-HxCDD 44:17   0.0877   0.6112  U
S Total HxCDD        14.7        14.7   0.0878   0.0878

  1,2,3,4,7,8-HxCDF 43:48     302786 1.26   1.3629       9.291       9.291   0.0610   0.0610    186  a
  1,2,3,6,7,8-HxCDF 43:56     227932 1.34   1.2762       6.246       6.246   0.0583   0.0583    125
  2,3,4,6,7,8-HxCDF 44:39     164642 1.29   1.2654       5.860       5.860   0.0718   0.0718    117
  1,2,3,7,8,9-HxCDF 45:36     143187 1.21   1.2573       5.198       5.198   0.0845   0.0845    104  Ma
A Non-2,3,7,8-sub-HxCDF 44:08   0.0676    9.714  MU
S Total HxCDF        26.6        26.6   0.0689   0.0689

  1,2,3,4,6,7,8-HpCDD 49:37     122243 1.04   1.1204       7.367       7.367   0.0318   0.0318    147  M
A Non-2,3,7,8-sub-HpCDD 49:01   0.0318   0.0318  U
S Total HpCDD       7.367       7.367   0.0318   0.0318

  1,2,3,4,6,7,8-HpCDF 47:57     178325 1.04   1.4984       5.790       5.790 0.008148 0.008148    116
  1,2,3,4,7,8,9-HpCDF 50:17     113086 1.02   1.3807       5.741       5.741   0.0120   0.0120    115  M
A Non-2,3,7,8-sub-HpCDF 49:31 0.009774   0.6552  RQU
S Total HpCDF        11.5        11.5   0.0101   0.0101
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  OCDD 53:52     816678 0.90   1.2073        58.3        58.3   0.0209   0.0209    583
  OCDF 54:00     180775 0.92   1.1162       8.300       8.300 0.006451 0.006451  83.00
D 13C-2,3,7,8-TCDD 30:49      98727 0.87   1.0709       3.178       3.178   0.2190   0.2190  63.56  M
D 13C-2,3,7,8-TCDF 28:48     152328 0.70   1.7545       2.993       2.993   0.2575   0.2575  59.86
D 13C-1,2,3,7,8-PeCDD 40:33      80610 1.69   0.8743       3.178       3.178    1.040    1.040  63.57
D 13C-1,2,3,7,8-PeCDF 38:46     117184 1.76   1.3704       2.948       2.948    2.807    2.807  58.95  M
D 13C-2,3,4,7,8-PeCDF 40:01     129867 1.73   1.3837       3.235       3.235    2.780    2.780  64.71  M
D 13C-1,2,3,4,7,8-HxCDD 44:49      88753 1.35   0.8772       3.477       3.477   0.0155   0.0155  69.53  Ma
D 13C-1,2,3,6,7,8-HxCDD 44:55      93042 1.05   0.9171       3.486       3.486   0.0149   0.0149  69.72  M
D 13C-1,2,3,4,7,8-HxCDF 43:47     119554 0.53   1.1892       3.455       3.455    1.867    1.867  69.09  Ma
D 13C-1,2,3,6,7,8-HxCDF 43:55     142958 0.52   1.4625       3.359       3.359    1.518    1.518  67.18  M
D 13C-2,3,4,6,7,8-HxCDF 44:38     111022 0.50   1.3197       2.891       2.891    1.683    1.683  57.82  M
D 13C-1,2,3,7,8,9-HxCDF 45:34     109539 0.54   1.2001       3.136       3.136    1.850    1.850  62.73  M
D 13C-1,2,3,4,6,7,8-HpCDD 49:36      74051 1.05   0.8155       3.120       3.120   0.0113   0.0113  62.41
D 13C-1,2,3,4,6,7,8-HpCDF 47:57     102774 0.38   1.0496       3.365       3.365    1.132    1.132  67.29  M
D 13C-1,2,3,4,7,8,9-HpCDF 50:16      71332 0.50   0.8947       2.740       2.740    1.328    1.328  54.79  M
D 13C-OCDD 53:51     115977 0.77   0.7044       5.658       5.658    3.025    3.025  56.58  M
D 13C-OCDF 53:59     195134 1.00   1.0615       6.317       6.317    3.141    3.141  63.17
$ 37Cl4-2,3,7,8-TCDD 30:52      29236   1.2266      0.8217      0.8217   0.0864   0.0864  82.17

* 13C-1,2,3,4-TCDD 30:18     290086 0.86  9.1E+04        10.0        10.0    100

* 13C-1,2,3,7,8,9-HxCDD 45:19     291012 1.32    1E+05        10.0        10.0    100

  1,3,6,8-TCDF 22:28      0.0      0.0
  1,3,6,8-TCDD 24:53      0.0      0.0
  1,2,8,9-TCDF 33:53     277040 0.82   0.00
  1,2,8,9-TCDD 34:00      0.0      0.0
  1,3,4,6,8-PeCDF 34:44       2239 1.24   0.00  R
  1,2,4,7,9-PeCDD 37:37      66689 0.02   0.00  R
  1,2,3,8,9-PeCDD 41:13      0.0      0.0
  1,2,3,8,9-PeCDF 41:22       5126 1.29   0.00  R
  1,2,3,4,6,8-HxCDF 42:45      11505 0.96   0.00  R
  1,2,4,6,7,9-HxCDD 43:16      30016 1.56   0.00  R
  1,2,3,4,8,9-HxCDF 45:43      0.0      0.0
  1,2,3,4,6,7,9-HpCDD 48:26     104144 1.01   0.00

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: MS
Inject. Date: 18-Dec-2019 09:05:00 ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Sample Info:
Misc. Info.: 140-0014069-013
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 12:06:21 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 10:20:27

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:51 30:52    2  1.001     353209      37496     20     50   1875
321.8936 30:50 30:52    1  1.001     444045      46738     24     60   1947  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDD U
319.8965 27:48 29:27  -98  0.902       2751        354     20     50     18
321.8936 27:48 29:27  -98  0.902       3548        640     24     60     27  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:51 28:50    2  1.002    1744156     182961     38     95   4815
305.8987 28:51 28:50    2  1.002    2190967     232968     29     72   8033  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDF U
303.9016 23:22 28:10 -287  0.812       2161        291     38     95      8
305.8987 23:23 28:10 -286  0.812       3063        594     29     72     20  0.71(0.65-0.89)

1,2,3,7,8-PeCDD
355.8546 40:34 40:33    1  1.000      55980      13040     12     30   1087
357.8516 40:34 40:33    1  1.000      32781       7260     78    195     93  1.71(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD U
355.8546 39:24      12      30
357.8516 39:24      78     195

1,2,3,7,8-PeCDF
339.8597 38:46 38:46    1  1.000     138352      26165     19     47   1377
341.8567 38:46 38:46    1  1.000      87206      16427     24     60    684  1.59(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 40:02 40:02    1  1.000     120288      26565     19     47   1398
341.8567 40:02 40:02    1  1.000      78296      17637     24     60    735  1.54(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF U
339.8597 37:16 37:59  -42  0.961      23241       3902     19     47    205
341.8567 37:17 37:59  -41  0.962      13122       2407     24     60    100  1.77(1.32-1.78)
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8-HxCDD
389.8158 44:50 44:49    1  1.000      59687      14575    130    325    112
391.8127 44:49 44:49    0  1.000      44415      11009     45    112    245  1.34(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:56 44:56    0  1.000      54017      13341    130    325    103
391.8127 44:56 44:56    0  1.000      44077      10558     45    112    235  1.23(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:20 45:19    1  1.011      60997      13767    130    325    106
391.8127 45:20 45:19    1  1.011      49574      11658     45    112    259  1.23(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD U
389.8158 44:08 44:17   -9  0.982       4826       1041    130    325      8
391.8127 44:08 44:17   -9  0.982       4524        961     45    112     21  1.07(1.05-1.43)

1,2,3,4,7,8-HxCDF a
373.8208 43:48 43:48    1  1.000     168876      43993    114    285    386 a
375.8178 43:47 43:48    0  1.000     133910      34206     92    230    372  1.26(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 43:56 43:56    0  1.000     130322      30969    114    285    272
375.8178 43:56 43:56    0  1.000      97610      22897     92    230    249  1.34(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 44:39 44:39    1  1.000      92694      22657    114    285    199
375.8178 44:39 44:39    1  1.000      71948      17763     92    230    193  1.29(1.05-1.43)

1,2,3,7,8,9-HxCDF Ma
373.8208 45:36 45:35    1  1.001      78468      16992    114    285    149 M
375.8178 45:36 45:35    1  1.001      64719      14215     92    230    155  1.21(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDF MU
373.8208 43:48 44:08  -20  0.998     168876      43993    114    285    386
375.8178 43:47 44:08  -21  0.997     133910      34206     92    230    372  1.26(1.05-1.43)

1,2,3,4,6,7,8-HpCDD M
423.7767 49:37 49:36    1  1.000      62433      11178     24     60    466 M
425.7737 49:37 49:36    1  1.000      59810      10961     22     55    498  1.04(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDD U
423.7767 49:01      24      60
425.7737 49:01      22      55

1,2,3,4,6,7,8-HpCDF
407.7817 47:57 47:58    0  1.000      90904      18786     11     27   1708
409.7788 47:57 47:58    0  1.000      87421      18342      7     17   2620  1.04(0.88-1.20)

1,2,3,4,7,8,9-HpCDF M
407.7817 50:17 50:17    1  1.000      57155      11080     11     27   1007 M
409.7788 50:17 50:17    1  1.000      55931      11252      7     17   1607  1.02(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF U
407.7817 48:20 49:31  -71  1.008       1064        199     11     27     18
409.7788 48:18 49:31  -73  1.007       2304        289      7     17     41  0.46(0.88-1.20)

Empc Correction       1023        191      7     17      0

OCDD
457.7377 53:52 53:51    1  1.000     387154      85223     20     50   4261
459.7348 53:52 53:51    1  1.000     429524      94588      8     20  11824  0.90(0.76-1.02)
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDF
441.7428 54:00 53:58    1  1.000      86493      20322     10     25   2032
443.7399 54:00 53:58    1  1.000      94282      21160      3      7   7053  0.92(0.76-1.02)

13C-2,3,7,8-TCDD M
331.9368 30:49 30:48    4  1.017      46039       5459    158    395     35 M
333.9338 30:47 30:48    2  1.016      52688       5610    161    402     35  0.87(0.65-0.89) M

13C-2,3,7,8-TCDF
315.9419 28:48 28:47    2  0.951      62613       8601    243    607     35
317.9389 28:50 28:47    4  0.952      89715      10145    371    927     27  0.70(0.65-0.89)

13C-1,2,3,7,8-PeCDD
367.8949 40:33 40:33    1  1.339      50589      11539    114    285    101
369.8919 40:33 40:33    1  1.339      30021       6517   1122   2805      6  1.69(1.32-1.78)

13C-1,2,3,7,8-PeCDF M
351.9000 38:46 38:48    2  1.280      74775      13901   3232   8080      4
353.8970 38:45 38:48    1  1.279      42409       7730   1997   4992      4  1.76(1.32-1.78) M

13C-2,3,4,7,8-PeCDF M
351.9000 40:01 40:04    1  1.321      82233      19081   3232   8080      6
353.8970 40:01 40:04    1  1.321      47634       9588   1997   4992      5  1.73(1.32-1.78) M

13C-1,2,3,4,7,8-HxCDD Ma
401.8559 44:49 44:49    1  0.989      51044      10983     37     92    297 M
403.8529 44:48 44:49    0  0.989      37709      10019  1.35(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD M
401.8559 44:55 44:56    0  0.991      47622      10504     37     92    284 M
403.8529 44:55 44:56    0  0.991      45420      11076  1.05(1.05-1.43) M

13C-1,2,3,4,7,8-HxCDF Ma
383.8639 43:47 43:46    1  0.966      41667      11154   1993   4982      6 M
385.8610 43:47 43:46    1  0.966      77887      19811   4003  10007      5  0.53(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF M
383.8639 43:55 43:55    0  0.969      49076      12088   1993   4982      6
385.8610 43:55 43:55    0  0.969      93882      22508   4003  10007      6  0.52(0.43-0.59) M

13C-2,3,4,6,7,8-HxCDF M
383.8639 44:38 44:38    1  0.985      37243       9656   1993   4982      5 M
385.8610 44:38 44:38    1  0.985      73779      18702   4003  10007      5  0.50(0.43-0.59) M

13C-1,2,3,7,8,9-HxCDF M
383.8639 45:34 45:34    0  1.006      38493       8924   1993   4982      4 M
385.8610 45:34 45:34    0  1.006      71046      15304   4003  10007      4  0.54(0.43-0.59) M

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:36 49:37    1  1.095      37973       8544     12     30    712
437.8140 49:35 49:37    0  1.094      36078       7595     13     32    584  1.05(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF M
417.8250 47:57 47:56    2  1.058      28071       4817    976   2440      5 M
419.8220 47:56 47:56    1  1.058      74703      13613   2232   5580      6  0.38(0.37-0.51) M

13C-1,2,3,4,7,8,9-HpCDF M
417.8250 50:16 50:16    1  1.109      23765       4652    976   2440      5 M
419.8220 50:15 50:16    0  1.109      47567       8900   2232   5580      4  0.50(0.37-0.51) M
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-OCDD M
469.7780 53:51 53:51    0  1.189      50362      11091   2273   5682      5 M
471.7750 53:51 53:51    0  1.189      65615      16659   3481   8702      5  0.77(0.76-1.02) M

13C-OCDF
453.7830 53:59 54:01    0  1.192      97695      22841   4455  11137      5
455.7801 53:59 54:01    0  1.192      97439      21603   4547  11367      5  1.00(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:52 30:50    5  1.019      29236       3292    144    360     23

13C-1,2,3,4-TCDD
331.9368 30:18 30:15    3     134542      14662    158    395     93
333.9338 30:18 30:15    3     155544      19319    161    402    120  0.86(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:19 45:17    1     165684      39676     37     92   1072
403.8529 45:19 45:17    1     125328      27826  1.32(1.05-1.43)

1,3,6,8-TCDF
303.9016 22:29      38      95
305.8987 22:29      29      72

1,3,6,8-TCDD
319.8965 24:56      20      50
321.8936 24:56      24      60

1,2,8,9-TCDF
303.9016 33:53 33:53    1  1.177     124979      12799     38     95    337
305.8987 33:52 33:53    0  1.176     152061      15423     29     72    532  0.82(0.65-0.89)

1,2,8,9-TCDD
319.8965 34:03      20      50
321.8936 34:03      24      60

1,3,4,6,8-PeCDF R
339.8597 34:44 34:38    7  0.896       1241        200     19     47     11
341.8567 34:40 34:38    3  0.894        998        154     24     60      6  1.24(1.32-1.78)

1,2,4,7,9-PeCDD R
355.8546 37:37 37:36    1  0.928       1496        269     12     30     22
357.8516 37:46 37:36   11  0.932      65193      13418     78    195    172  0.02(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 41:13      12      30
357.8516 41:13      78     195

1,2,3,8,9-PeCDF R
339.8597 41:22 41:22    1  1.067       2892        556     19     47     29
341.8567 41:23 41:22    2  1.067       2234        420     24     60     18  1.29(1.32-1.78)

1,2,3,4,6,8-HxCDF R
373.8208 42:45 42:34   11  0.976       5650       1489    114    285     13
375.8178 42:46 42:34   12  0.976       5855       1434     92    230     16  0.96(1.05-1.43)

1,2,4,6,7,9-HxCDD R
389.8158 43:16 43:15    1  0.965      18311       5243    130    325     40
391.8127 43:16 43:15    1  0.965      11705       3293     45    112     73  1.56(1.05-1.43)
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,8,9-HxCDF
373.8208 45:43     114     285
375.8178 45:43      92     230

1,2,3,4,6,7,9-HpCDD
423.7767 48:26 48:25    1  0.977      52256      10368     24     60    432
425.7737 48:26 48:25    1  0.977      51888      10608     22     55    482  1.01(0.88-1.20)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Lims ID: 140-17578-A-12-B MS
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 09:05:00 Dil. Factor: 10.0000    
Sample Type: MS, Matrix Spike
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 13

Non-2,3,7,8-sub-TCDD, RT: 29.435

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000           98727           11069
Averages:

RRFn Qis Ris Area Ris Height
  1.173          5.000           98727           11069

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

27:48              2751               354              3548               640      0.2719 0.78
28:45               606               111              1441               230      0.0884 0.42 RQ
28:45               606               111               787               144 Empc Correction
30:37              4197               734              5537               871      0.4202 0.76
31:57             28400              3054             35918              3571        2.78 0.79

Compound is Marked ND
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Lims ID: 140-17578-A-12-B MS
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 09:05:00 Dil. Factor: 10.0000    
Sample Type: MS, Matrix Spike
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 13

Non-2,3,7,8-sub-TCDF, RT: 28.156

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000          152328           18746
Averages:

RRFn Qis Ris Area Ris Height
  1.088          5.000          152328           18746

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:22              2161               291              3063               594      0.1576 0.71
24:22             14589              1943             17994              1917      0.9829 0.81
24:38              1649               304              2869               405      0.1363 0.57 RQ
24:38              1649               304              2141               394 Empc Correction
25:05             78474              9947             96781             12037        5.29 0.81
25:49             93959              8878            112592             10367        6.23 0.83
26:15             15289              2047             19837              2965        1.06 0.77
26:27             47178              5983             58451              7199        3.19 0.81
26:59             69334              8738             91525             10662        4.85 0.76
27:14              8729              1266              9444              1369      0.5482 0.92 RQ
27:14              7271              1054              9444              1369 Empc Correction
27:45            727292             84893            930226            111782        50.0 0.78
28:22             37219              4360             49960              5809        2.63 0.74
29:18              3072               501              2773               513      0.1763 1.11 RQ
29:18              2135               395              2773               513 Empc Correction
30:02            111292             12205            142092             15133        7.64 0.78
30:42             23709              2365             31307              2839        1.66 0.76

Compound is Marked ND
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Lims ID: 140-17578-A-12-B MS
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 09:05:00 Dil. Factor: 10.0000    
Sample Type: MS, Matrix Spike
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 13

Non-2,3,7,8-sub-PeCDD, RT: 39.399

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000           80610           18056
Averages:

RRFn Qis Ris Area Ris Height
  1.043          5.000           80610           18056

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

Compound is Marked ND
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Lims ID: 140-17578-A-12-B MS
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 09:05:00 Dil. Factor: 10.0000    
Sample Type: MS, Matrix Spike
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 13

Non-2,3,7,8-sub-PeCDF, RT: 37.968

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000          117184           21631
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000          129867           28669
Averages:

RRFn Qis Ris Area Ris Height
  1.150          5.000          123525           25150

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

37:16             23241              3902             13122              2407        1.28 1.77
38:18              2833               417              1989               299      0.1698 1.42
39:05              2173               348              1356               228      0.1243 1.60
39:17             16770              3629             10274              1958      0.9522 1.63
40:16             11175              1934              6084              1043      0.6077 1.84 RQ
40:16              9430              1616              6084              1043 Empc Correction

Compound is Marked ND
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Lims ID: 140-17578-A-12-B MS
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 09:05:00 Dil. Factor: 10.0000    
Sample Type: MS, Matrix Spike
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 13

Non-2,3,7,8-sub-HxCDD, RT: 44.269

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000           88753           21002
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000           93042           21580
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170          5.000           90897           21291

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

44:08              4826              1041              4524               961      0.6112 1.07

Compound is Marked ND
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Lims ID: 140-17578-A-12-B MS
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 09:05:00 Dil. Factor: 10.0000    
Sample Type: MS, Matrix Spike
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 13

Non-2,3,7,8-sub-HxCDF, RT: 44.125

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000          119554           30965
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000          142958           34596
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000          111022           28358
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000          109539           24228
Averages:

RRFn Qis Ris Area Ris Height
  1.290          5.000          120768           29536

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

43:48            168876             43993            133910             34206        9.71 1.26
45:36             78468             16992                 0                 0        2.52 0.00

Compound is Marked ND
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Lims ID: 140-17578-A-12-B MS
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 09:05:00 Dil. Factor: 10.0000    
Sample Type: MS, Matrix Spike
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 13

Non-2,3,7,8-sub-HpCDD, RT: 49.003

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000           74051           16139
Averages:

RRFn Qis Ris Area Ris Height
  1.120          5.000           74051           16139

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

Compound is Marked ND
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Lims ID: 140-17578-A-12-B MS
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 09:05:00 Dil. Factor: 10.0000    
Sample Type: MS, Matrix Spike
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 13

Non-2,3,7,8-sub-HpCDF, RT: 49.509

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000          102774           18430
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000           71332           13552
Averages:

RRFn Qis Ris Area Ris Height
  1.440          5.000           87053           15991

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:20              1064               199              2304               289      0.1344 0.46 RQ
48:20              1064               199              1023               191 Empc Correction
48:36              8396              1589              8026              1488      0.6552 1.05

Compound is Marked ND
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
TCDD
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
TCDD
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TCDD Lock Mass
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  30.81
Area: 51790
Amount:    3.414548
Amount Units: pg/ul
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Manual Integration Results
RT:  30.81
Area: 46039
Amount:    3.177956
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:11:34
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 2

Processing Integration Results
RT:  30.77
Area: 54287
Amount:    3.414548
Amount Units: pg/ul
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Manual Integration Results
RT:  30.77
Area: 52688
Amount:    3.177956
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:11:37
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
37Cl4-TCDD
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37Cl4-TCDD Lock Mass
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 1

Processing Integration Results
RT:  30.81
Area: 51790
Amount:    3.414548
Amount Units: pg/ul
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Manual Integration Results
RT:  30.81
Area: 46039
Amount:    3.177956
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:11:34
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

13C-2,3,7,8-TCDD, CAS: 76523-40-5
Signal: 2

Processing Integration Results
RT:  30.77
Area: 54287
Amount:    3.414548
Amount Units: pg/ul
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Manual Integration Results
RT:  30.77
Area: 52688
Amount:    3.177956
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:11:37
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
TCDF
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
TCDF
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Report Date: 18-Dec-2019 12:06:24 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
TCDF
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
PeCDD
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
PeCDF
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
PeCDF

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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          41.35F 1,3,4,6,8-PeCDF
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
PeCDF
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PeCDF Interference Mass
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

13C-1,2,3,7,8-PeCDF, CAS: 109719-77-9
Signal: 2

Processing Integration Results
RT:  38.75
Area: 39884
Amount:    2.884188
Amount Units: pg/ul
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Manual Integration Results
RT:  38.75
Area: 42409
Amount:    2.947703
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:12:22
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

13C-2,3,4,7,8-PeCDF, CAS: 116843-02-8
Signal: 2

Processing Integration Results
RT:  40.01
Area: 46560
Amount:    3.208547
Amount Units: pg/ul
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Manual Integration Results
RT:  40.01
Area: 47634
Amount:    3.235303
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:12:40
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
HxCDD
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
HxCDD
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HxCDD Lock Mass
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDD, CAS: 109719-80-4
Signal: 2

Processing Integration Results
RT:  44.80
Area: 35072
Amount:    3.375321
Amount Units: pg/ul

44.3 44.5 44.7 44.9 45.1
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
)

F3:m/z     403.8529

 4
4.

79
5

Manual Integration Results
RT:  44.80
Area: 37709
Amount:    3.476741
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 12:06:13
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDD, CAS: 109719-80-4
Signal: 3

Processing Integration Results
RT:  44.81
Area: 86164
Amount:    3.375321
Amount Units: pg/ul
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Manual Integration Results
RT:  44.81
Area: 88753
Amount:    3.476741
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 12:06:13
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDD, CAS: 109719-80-4
Signal: 1

Processing Integration Results
RT:  44.81
Area: 51092
Amount:    3.375321
Amount Units: pg/ul
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Manual Integration Results
RT:  44.81
Area: 51044
Amount:    3.476741
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 12:06:16
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: 
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDD, CAS: 109719-81-5
Signal: 3

Processing Integration Results
RT:  44.91
Area: 96783
Amount:    3.626416
Amount Units: pg/ul

Manual Integration Results
RT:  44.91
Area: 93042
Amount:    3.486242
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 10:13:43
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID

Page 2317 of 2476



Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDD, CAS: 109719-81-5
Signal: 1

Processing Integration Results
RT:  44.91
Area: 47654
Amount:    3.626416
Amount Units: pg/ul
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Manual Integration Results
RT:  44.91
Area: 47622
Amount:    3.486242
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:14:30
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDD, CAS: 109719-81-5
Signal: 2

Processing Integration Results
RT:  44.91
Area: 49129
Amount:    3.626416
Amount Units: pg/ul
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Manual Integration Results
RT:  44.91
Area: 45420
Amount:    3.486242
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:14:54
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
HxCDF
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  43.92
Area: 97610
Amount:    6.994354
Amount Units: pg/ul
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Manual Integration Results
RT:  43.78
Area: 133910
Amount:    9.291334
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:15:20
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 3

Processing Integration Results
RT:  43.92
Area: 227932
Amount:    6.994354
Amount Units: pg/ul
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Manual Integration Results
RT:  43.80
Area: 302786
Amount:    9.291334
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 10:15:20
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 1

Processing Integration Results
RT:  43.92
Area: 130322
Amount:    6.994354
Amount Units: pg/ul
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Manual Integration Results
RT:  43.80
Area: 168876
Amount:    9.291334
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:15:22
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 3

Processing Integration Results
RT:  44.64
Area: 165553
Amount:    6.010185
Amount Units: pg/ul

Manual Integration Results
RT:  45.59
Area: 143187
Amount:    5.198217
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 10:16:46
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
RT:  44.64
Area: 92694
Amount:    6.010185
Amount Units: pg/ul
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Manual Integration Results
RT:  45.59
Area: 78468
Amount:    5.198217
Amount Units: pg/ul

44.2 44.4 44.6 44.8 45.0 45.2 45.4 45.6 45.8
Min

RT

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
)

F3:m/z     373.8208
 4

5.
58

9

Reviewer: davidsonm, 18-Dec-2019 10:16:54
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
RT:  44.64
Area: 72859
Amount:    6.010185
Amount Units: pg/ul
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Manual Integration Results
RT:  45.59
Area: 64719
Amount:    5.198217
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:16:56
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDF, CAS: 114423-98-2
Signal: 2

Processing Integration Results
RT:  43.90
Area: 171770
Amount:    6.381548
Amount Units: pg/ul
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Manual Integration Results
RT:  43.78
Area: 77887
Amount:    3.454623
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:15:12
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDF, CAS: 114423-98-2
Signal: 3

Processing Integration Results
RT:  43.90
Area: 220846
Amount:    6.381548
Amount Units: pg/ul
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Manual Integration Results
RT:  43.78
Area: 119554
Amount:    3.454623
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 10:15:12
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDF, CAS: 114423-98-2
Signal: 1

Processing Integration Results
RT:  43.90
Area: 49076
Amount:    6.381548
Amount Units: pg/ul
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Manual Integration Results
RT:  43.78
Area: 41667
Amount:    3.454623
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:15:14
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:25 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDF, CAS: 116843-03-9
Signal: 2

Processing Integration Results
RT:  43.90
Area: 171770
Amount:    5.189144
Amount Units: pg/ul
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Manual Integration Results
RT:  43.90
Area: 93882
Amount:    3.359036
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:15:11
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-2,3,4,6,7,8-HxCDF, CAS: 116843-05-1
Signal: 1

Processing Integration Results
RT:  44.63
Area: 34819
Amount:    2.644802
Amount Units: pg/ul
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Manual Integration Results
RT:  44.63
Area: 37243
Amount:    2.890896
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:15:45
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-2,3,4,6,7,8-HxCDF, CAS: 116843-05-1
Signal: 2

Processing Integration Results
RT:  44.63
Area: 66752
Amount:    2.644802
Amount Units: pg/ul
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Manual Integration Results
RT:  44.63
Area: 73779
Amount:    2.890896
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:15:52
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,7,8,9-HxCDF, CAS: 116843-04-0
Signal: 3

Processing Integration Results
RT:  44.63
Area: 100603
Amount:    2.880531
Amount Units: pg/ul

Manual Integration Results
RT:  45.56
Area: 109539
Amount:    3.136393
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 10:16:05
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,7,8,9-HxCDF, CAS: 116843-04-0
Signal: 1

Processing Integration Results
RT:  44.63
Area: 33851
Amount:    2.880531
Amount Units: pg/ul
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Manual Integration Results
RT:  45.56
Area: 38493
Amount:    3.136393
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:16:40
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,7,8,9-HxCDF, CAS: 116843-04-0
Signal: 2

Processing Integration Results
RT:  44.63
Area: 66752
Amount:    2.880531
Amount Units: pg/ul
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Manual Integration Results
RT:  45.56
Area: 71046
Amount:    3.136393
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:16:43
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 2337 of 2476



Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDD, CAS: 35822-46-9
Signal: 2

Processing Integration Results
RT:  49.61
Area: 61025
Amount:    7.508097
Amount Units: pg/ul
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Manual Integration Results
RT:  49.61
Area: 59810
Amount:    7.366838
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:17:07
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,6,7,8-HpCDD, CAS: 35822-46-9
Signal: 1

Processing Integration Results
RT:  49.61
Area: 63562
Amount:    7.508097
Amount Units: pg/ul
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Manual Integration Results
RT:  49.61
Area: 62433
Amount:    7.366838
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:17:09
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  50.27
Area: 59828
Amount:    5.876762
Amount Units: pg/ul
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Manual Integration Results
RT:  50.27
Area: 57155
Amount:    5.741061
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:18:12
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

13C-1,2,3,4,6,7,8-HpCDF, CAS: 109719-84-8
Signal: 1

Processing Integration Results
RT:  47.94
Area: 26123
Amount:    3.107743
Amount Units: pg/ul
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Manual Integration Results
RT:  47.94
Area: 28071
Amount:    3.364640
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:17:25
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 12:06:26 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

13C-1,2,3,4,6,7,8-HpCDF, CAS: 109719-84-8
Signal: 2

Processing Integration Results
RT:  47.93
Area: 68804
Amount:    3.107743
Amount Units: pg/ul
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Manual Integration Results
RT:  47.93
Area: 74703
Amount:    3.364640
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:17:29
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 12:06:27 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

13C-1,2,3,4,7,8,9-HpCDF, CAS: 109719-94-0
Signal: 2

Processing Integration Results
RT:  50.24
Area: 43612
Amount:    2.488484
Amount Units: pg/ul
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Manual Integration Results
RT:  50.24
Area: 47567
Amount:    2.739583
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:18:05
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:27 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

13C-1,2,3,4,7,8,9-HpCDF, CAS: 109719-94-0
Signal: 1

Processing Integration Results
RT:  50.26
Area: 21182
Amount:    2.488484
Amount Units: pg/ul
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Manual Integration Results
RT:  50.26
Area: 23765
Amount:    2.739583
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:18:07
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:27 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 12:06:27 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 12:06:27 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

13C-OCDD, CAS: 114423-97-1
Signal: 1

Processing Integration Results
RT:  53.84
Area: 50783
Amount:    5.674920
Amount Units: pg/ul
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Manual Integration Results
RT:  53.84
Area: 50362
Amount:    5.657797
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:19:45
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 12:06:27 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

13C-OCDD, CAS: 114423-97-1
Signal: 2

Processing Integration Results
RT:  53.84
Area: 65545
Amount:    5.674920
Amount Units: pg/ul
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Manual Integration Results
RT:  53.84
Area: 65615
Amount:    5.657797
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 10:20:08
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 12:06:27 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 12:06:27 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
OCDF
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Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F5:m/z     443.7399

OCDF
  54.00

54.38

OCDF Lock Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F5:m/z     425.9770
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Report Date: 18-Dec-2019 12:06:27 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-bmsa.d
Injection Date: 18-Dec-2019 09:05:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 13
Column Type: Column Dia:
OCDF

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F5:m/z     441.7428

OCDF
  54.00

54.29 54.74 55.52

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F5:m/z     443.7399

OCDF
  54.00

54.38

OCDF Interference Mass

52.1 52.6 53.1 53.6 54.1 54.6 55.1 55.6 56.1 56.6 57.1
Min

19

26

33

40

47

54

61

68

75

82

89

Y

F5:m/z     513.6775
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(4-6) MS

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-12 MS

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-12-bms.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

15

HRMS-Sox

12/18/2019  09:52

Low1(uL)

20(uL)

% Moisture: 39.1

Sample wt/vol: 9.54(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

26 6.9451207-31-9 2,3,7,8-TCDF 1860

%RECCAS NO. LIMITSQISOTOPE DILUTION

109 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 10:51:32 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-bms.d
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: MS
Inject. Date: 18-Dec-2019 09:52:00 ALS Bottle#: 0 Worklist Smp#: 17
Injection Vol: 1.0 ul Dil. Factor: 15.0000    
Sample Info:
Misc. Info.: 140-0014071-017
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 10:51:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 10:51:32

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:42     603798 0.78   1.2213        20.3        20.3   0.1337   0.1337   3051  a
  2,3,7,8-TCDF 22:14    2639223 0.80   1.1100        36.1        36.1   0.1343   0.1343   5413
D 13C-2,3,7,8-TCDD 19:40      81021 0.87   1.0031       2.160       2.160    1.161    1.161  64.80  M
D 13C-2,3,7,8-TCDF 22:12     219615 0.81   1.6193       3.627       3.627   0.2614   0.2614    109
$ 37Cl4-2,3,7,8-TCDD 19:42      21719   1.1834      0.4908      0.4908   0.0496   0.0496  73.63

* 13C-1,2,3,4-TCDD 20:09     249279 0.75  1.6E+05       6.667       6.667    100  M

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 10:51:32 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-bms.d
Lims ID: 140-17578-A-12-B MS      
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: MS
Inject. Date: 18-Dec-2019 09:52:00 ALS Bottle#: 0 Worklist Smp#: 17
Injection Vol: 1.0 ul Dil. Factor: 15.0000    
Sample Info:
Misc. Info.: 140-0014071-017
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 10:51:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 10:51:32

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD a
319.8965 19:42 19:42   -1  1.002     263825      42335    124    310    341 a
321.8936 19:42 19:42   -1  1.002     339973      55174    126    315    438  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:14 22:14   -2  1.002    1171752     157652    197    492    800
305.8987 22:14 22:14   -2  1.002    1467471     203921    201    502   1015  0.80(0.65-0.89)

13C-2,3,7,8-TCDD M
331.9368 19:40 19:40   -2  0.977      37634       6006   1386   3465      4 M
333.9338 19:40 19:40   -2  0.977      43387       6748   1171   2927      6  0.87(0.65-0.89) M

13C-2,3,7,8-TCDF
315.9419 22:12 22:13   -2  1.102      98470      10590    556   1390     19
317.9389 22:10 22:13   -4  1.100     121145      11666    373    932     31  0.81(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19:42 19:42   -1  0.978      21719       3215    129    322     25

13C-1,2,3,4-TCDD M
331.9368 20:09 20:09   -1     107100      15511   1386   3465     11 M
333.9338 20:08 20:09   -2     142179      21065   1171   2927     18  0.75(0.65-0.89) M

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 10:51:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-bms.d
Injection Date: 18-Dec-2019 09:52:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36167 Sample Line#: 17
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F1:m/z     303.9016
2,3,7,8-TCDF
          22.22

19.61

18.00 23.46 26.51

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F1:m/z     305.8987
2,3,7,8-TCDF
          22.22

19.61

18.00 26.5323.45

TCDF Standards

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
)

F1:m/z     315.9419

19.24

12.90 13C-2,3,7,8-TCDF
          22.1916.45 29.2811.20

14.47 23.358.76

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
)

F1:m/z     317.9389

19.26

12.85 13C-2,3,7,8-TCDF
          22.1516.50

13.3611.22 29.27

8.73 23.2318.69 25.6215.53
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Report Date: 18-Dec-2019 10:51:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-bms.d
Injection Date: 18-Dec-2019 09:52:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36167 Sample Line#: 17
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

2,3,7,8-TCDF
          22.22

19.61

18.00 23.46 26.51

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

2,3,7,8-TCDF
          22.22

19.61

18.00 26.5323.45

TCDF Lock Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y

F1:m/z     313.9834
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Report Date: 18-Dec-2019 10:51:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-bms.d
Injection Date: 18-Dec-2019 09:52:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36167 Sample Line#: 17
Column Type: DB225 Column Dia:  0.32 mm
TCDF

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F1:m/z     303.9016

2,3,7,8-TCDF
          22.22

19.61

18.00 23.46 26.51

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F1:m/z     305.8987

2,3,7,8-TCDF
          22.22

19.61

18.00 26.5323.45

TCDF Interference Mass

8.0 10.0 12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0
Min

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

0)

F1:m/z     375.8364 23.88

24.0412.23

11.67 13.81 15.56

16.37
9.74
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(4-6) MSD

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-12 MSD

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-12-cmsda.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

10

HRMS-Sox

12/18/2019  10:06

Low1(uL)

20(uL)

% Moisture: 39.1

Sample wt/vol: 10.08(g)

N

Analysis Batch No.: 36166 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

16 1.341746-01-6 2,3,7,8-TCDD 1190

16 1.341903-57-5 Total TCDD 1190

81 0.4340321-76-4 1,2,3,7,8-PeCDD 203

81 0.4336088-22-9 Total PeCDD 203

81 0.2139227-28-6 1,2,3,4,7,8-HxCDD 163

81 0.2457653-85-7 1,2,3,6,7,8-HxCDD 188

81 0.2119408-74-3 1,2,3,7,8,9-HxCDD 176

81 0.2234465-46-8 Total HxCDD 527

81 2.235822-46-9 1,2,3,4,6,7,8-HpCDD 271

81 2.237871-00-4 Total HpCDD 271

160 0.2043268-87-9 OCDD 1790

16 1.130402-14-3 Total TCDF 3490

81 1.9F157117-41-6 1,2,3,7,8-PeCDF 273

81 1.9F157117-31-4 2,3,4,7,8-PeCDF 245

81 1.930402-15-4 Total PeCDF 519

81 1.9F170648-26-9 1,2,3,4,7,8-HxCDF 337

81 1.7F157117-44-9 1,2,3,6,7,8-HxCDF 190

81 1.960851-34-5 2,3,4,6,7,8-HxCDF 180

81 2.572918-21-9 1,2,3,7,8,9-HxCDF 160

81 2.055684-94-1 Total HxCDF 868

81 0.31F167562-39-4 1,2,3,4,6,7,8-HpCDF 202

81 0.5155673-89-7 1,2,3,4,7,8,9-HpCDF 220

81 0.4138998-75-3 Total HpCDF 423

160 0.6139001-02-0 OCDF 348

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(4-6) MSD

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-12 MSD

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-12-cmsda.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

10

HRMS-Sox

12/18/2019  10:06

Low1(uL)

20(uL)

% Moisture: 39.1

Sample wt/vol: 10.08(g)

N

Analysis Batch No.: 36166 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

54 25-16476523-40-5 13C-2,3,7,8-TCDD

52 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

70 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

69 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

60 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

66 17-157114423-97-1 13C-OCDD

59 24-16989059-46-1 13C-2,3,7,8-TCDF

54 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

54 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

q62 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

72 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

69 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

70 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

q63 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

55 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

57 17-157109719-78-0 13C-OCDF

%RECCAS NO. LIMITSQSURROGATE

78 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: MSD
Inject. Date: 18-Dec-2019 10:06:00 ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Sample Info:
Misc. Info.: 140-0014069-014
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 11:15:38 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 11:15:38

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 30:50     567444 0.81   1.1733        36.6        36.6   0.0399   0.0399   3665
A Non-2,3,7,8-sub-TCDD 29:27   0.0399    2.846  RQU
S Total TCDD        36.6        36.6   0.0399   0.0399

  2,3,7,8-TCDF 28:50    2784896 0.80   1.0881       107.2       107.2   0.0337   0.0337  10717
A Non-2,3,7,8-sub-TCDF 28:10   0.0337     46.2  RQU
S Total TCDF       107.2       107.2   0.0337   0.0337

  1,2,3,7,8-PeCDD 40:34      67580 1.73   1.0434       6.219       6.219   0.0132   0.0132    124
A Non-2,3,7,8-sub-PeCDD 39:24   0.0132   0.1345  RQU
S Total PeCDD       6.219       6.219   0.0132   0.0132

  1,2,3,7,8-PeCDF 38:46     168563 1.58   1.1898       8.394       8.394   0.0579   0.0579    168
  2,3,4,7,8-PeCDF 40:02     143637 1.53   1.1095       7.534       7.534   0.0596   0.0596    151
A Non-2,3,7,8-sub-PeCDF 37:59   0.0587    1.370  U
S Total PeCDF        15.9        15.9   0.0587   0.0587

  1,2,3,4,7,8-HxCDD 44:49      71388 1.13   1.1409       4.990       4.990 0.006579 0.006579  99.81
  1,2,3,6,7,8-HxCDD 44:56      85570 1.32   1.1481       5.777       5.777 0.007246 0.007246    116
  1,2,3,7,8,9-HxCDD 45:20      84048 1.25   1.2212       5.411       5.411 0.006462 0.006462    108
A Non-2,3,7,8-sub-HxCDD 44:17 0.006745   0.5156  U
S Total HxCDD        16.2        16.2 0.006762 0.006762

  1,2,3,4,7,8-HxCDF 43:48     230314 1.27   1.3629        10.4        10.4   0.0590   0.0590    207
  1,2,3,6,7,8-HxCDF 43:56     160638 1.33   1.2762       5.831       5.831   0.0513   0.0513    117
  2,3,4,6,7,8-HxCDF 44:39     130685 1.25   1.2654       5.531       5.531   0.0585   0.0585    111
  1,2,3,7,8,9-HxCDF 45:35     105949 1.20   1.2573       4.919       4.919   0.0756   0.0756  98.37  Ma
A Non-2,3,7,8-sub-HxCDF 44:08   0.0599    2.026  RMU
S Total HxCDF        26.6        26.6   0.0611   0.0611

  1,2,3,4,6,7,8-HpCDD 49:37      93293 1.05   1.1204       8.319       8.319   0.0677   0.0677    166
A Non-2,3,7,8-sub-HpCDD 49:01   0.0677   0.0677  U
S Total HpCDD       8.319       8.319   0.0677   0.0677

  1,2,3,4,6,7,8-HpCDF 47:57     139159 1.01   1.4984       6.217       6.217 0.009578 0.009578    124
  1,2,3,4,7,8,9-HpCDF 50:17      94890 1.06   1.3807       6.767       6.767   0.0156   0.0156    135  a
A Non-2,3,7,8-sub-HpCDF 49:31   0.0120    5.253  U
S Total HpCDF        13.0        13.0   0.0126   0.0126
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  OCDD 53:52     633385 0.89   1.2073        54.9        54.9 0.006210 0.006210    549
  OCDF 53:59     146601 0.89   1.1162        10.7        10.7   0.0187   0.0187    107
D 13C-2,3,7,8-TCDD 30:48      65981 0.73   1.0709       2.691       2.691   0.1978   0.1978  53.82
D 13C-2,3,7,8-TCDF 28:47     119407 0.88   1.7545       2.973       2.973   0.2123   0.2123  59.46  M
D 13C-1,2,3,7,8-PeCDD 40:33      52069 1.40   0.8743       2.601       2.601    3.004    3.004  52.03  Ma
D 13C-1,2,3,7,8-PeCDF 38:45      84395 1.71   1.3704       2.690       2.690    2.709    2.709  53.80
D 13C-2,3,4,7,8-PeCDF 40:01      85922 1.61   1.3837       2.712       2.712    2.683    2.683  54.25
D 13C-1,2,3,4,7,8-HxCDD 44:48      62696 1.42   0.8772       3.491       3.491   0.0553   0.0553  69.82
D 13C-1,2,3,6,7,8-HxCDD 44:55      64503 1.29   0.9171       3.436       3.436   0.0529   0.0529  68.71
D 13C-1,2,3,4,7,8-HxCDF 43:46      75024 0.51   1.1892       3.351       3.082    2.402    2.402  67.02  RQM
D 13C-1,2,3,6,7,8-HxCDF 43:55     107922 0.58   1.4625       3.605       3.605    1.954    1.954  72.09  Ma
D 13C-2,3,4,6,7,8-HxCDF 44:38      93356 0.53   1.3197       3.456       3.456    2.165    2.165  69.11  M
D 13C-1,2,3,7,8,9-HxCDF 45:34      85660 0.51   1.2001       3.486       3.486    2.381    2.381  69.73  M
D 13C-1,2,3,4,6,7,8-HpCDD 49:35      50047 0.88   0.8155       2.998       2.998   0.0460   0.0460  59.96
D 13C-1,2,3,4,6,7,8-HpCDF 47:56      67672 0.44   1.0496       3.476       3.149    1.536    1.536  69.53  RQM
D 13C-1,2,3,4,7,8,9-HpCDF 50:16      50780 0.39   0.8947       2.772       2.772    1.802    1.802  55.45  M
D 13C-OCDD 53:51      95536 0.91   0.7044       6.625       6.625    3.697    3.697  66.25  M
D 13C-OCDF 53:58     123036 0.96   1.0615       5.662       5.662    3.066    3.066  56.62
$ 37Cl4-2,3,7,8-TCDD 30:48      21863   1.2266      0.7786      0.7786   0.0667   0.0667  77.86

* 13C-1,2,3,4-TCDD 30:18     228932 0.85  9.1E+04        10.0        10.0    100

* 13C-1,2,3,7,8,9-HxCDD 45:19     204721 1.11    1E+05        10.0        10.0    100

  1,3,6,8-TCDF 22:28      0.0      0.0
  1,3,6,8-TCDD 24:53      0.0      0.0
  1,2,8,9-TCDF 33:52     204044 0.75   0.00
  1,2,8,9-TCDD 34:00      0.0      0.0
  1,3,4,6,8-PeCDF 34:37      0.0      0.0
  1,2,4,7,9-PeCDD 37:35       1123 1.81   0.00  R
  1,2,3,8,9-PeCDD 41:13      0.0      0.0
  1,2,3,8,9-PeCDF 41:20      0.0      0.0
  1,2,3,4,6,8-HxCDF 42:33      0.0      0.0
  1,2,4,6,7,9-HxCDD 43:16      26192 1.08   0.00
  1,2,3,4,8,9-HxCDF 45:43      0.0      0.0
  1,2,3,4,6,7,9-HpCDD 48:26      87392 0.99   0.00

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: MSD
Inject. Date: 18-Dec-2019 10:06:00 ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Sample Info:
Misc. Info.: 140-0014069-014
Operator ID: Xcalibur_System Instrument ID: D2A

Method: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\D2A_Dioxin.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 11:15:38 Calib Date: 16-May-2014 18:31:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\ChromNA\Knoxville\ChromData\D2A\20170111-3817.b\d3140516i5.d

Column 1 : Det: F1(12.07 :34.29 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 11:15:38

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 30:50 30:52    1  1.001     253683      27734     15     37   1849
321.8936 30:49 30:52    0  1.001     313761      34037     13     32   2618  0.81(0.65-0.89)

A Non-2,3,7,8-sub-TCDD U
319.8965 27:49 29:27  -97  0.903       1482        230     15     37     15
321.8936 27:45 29:27 -101  0.901       2151        308     13     32     24  0.69(0.65-0.89)

2,3,7,8-TCDF
303.9016 28:50 28:50    1  1.002    1234769     126476     25     62   5059
305.8987 28:50 28:50    1  1.002    1550127     166959     19     47   8787  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDF U
303.9016 23:21 28:10 -288  0.812       1638        253     25     62     10
305.8987 23:22 28:10 -287  0.812       2833        402     19     47     21  0.58(0.65-0.89)

Empc Correction       2127        328     19     47     17

1,2,3,7,8-PeCDD
355.8546 40:34 40:33    1  1.000      42820       9495      5     12   1899
357.8516 40:34 40:33    1  1.000      24760       5425      9     22    603  1.73(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD U
355.8546 38:28 39:24  -57  0.949        978        242      5     12     48

Empc Correction        771        230      5     12     46
357.8516 38:28 39:24  -57  0.949        498        149      9     22     17  1.96(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 38:46 38:46    1  1.000     103176      20029     87    217    230
341.8567 38:46 38:46    1  1.000      65387      11760     16     40    735  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 40:02 40:02    1  1.000      86933      19585     87    217    225
341.8567 40:02 40:02    1  1.000      56704      12646     16     40    790  1.53(1.32-1.78)
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDF U
339.8597 37:16 37:59  -42  0.962      16657       2934     87    217     34
341.8567 37:15 37:59  -43  0.961      10174       1470     16     40     92  1.64(1.32-1.78)

1,2,3,4,7,8-HxCDD
389.8158 44:49 44:49    0  1.000      37799      10057      6     15   1676
391.8127 44:49 44:49    0  1.000      33589       9065      4     10   2266  1.13(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 44:56 44:56    0  1.000      48650      10376      6     15   1729
391.8127 44:56 44:56    0  1.000      36920       8313      4     10   2078  1.32(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 45:20 45:19    1  1.012      46753       9990      6     15   1665
391.8127 45:19 45:19    0  1.011      37295       8847      4     10   2212  1.25(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD U
389.8158 44:08 44:17   -9  0.982       4328       1034      6     15    172
391.8127 44:07 44:17  -10  0.982       3346        957      4     10    239  1.29(1.05-1.43)

1,2,3,4,7,8-HxCDF
373.8208 43:48 43:48    0  1.000     128821      33963     68    170    499
375.8178 43:48 43:48    0  1.000     101493      27438     71    177    386  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDF
373.8208 43:56 43:56    0  1.000      91823      22361     68    170    329
375.8178 43:56 43:56    0  1.000      68815      17345     71    177    244  1.33(1.05-1.43)

2,3,4,6,7,8-HxCDF
373.8208 44:39 44:39    1  1.000      72654      18085     68    170    266
375.8178 44:39 44:39    1  1.000      58031      14552     71    177    205  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDF Ma
373.8208 45:35 45:35    0  1.000      57781      12818     68    170    189 M
375.8178 45:35 45:35    0  1.000      48168      11366     71    177    160  1.20(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDF MU
373.8208 42:45 44:08  -83  0.973       5219       1353     68    170     20
375.8178 42:45 44:08  -83  0.973       3743        959     71    177     14  1.39(1.05-1.43)

1,2,3,4,6,7,8-HpCDD
423.7767 49:37 49:36    1  1.001      47694       9152     25     62    366
425.7737 49:37 49:36    1  1.001      45599       8157     34     85    240  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD U
423.7767 49:01      25      62
425.7737 49:01      34      85

1,2,3,4,6,7,8-HpCDF
407.7817 47:57 47:58    0  1.000      69917      13922     10     25   1392
409.7788 47:57 47:58    0  1.000      69242      13690      9     22   1521  1.01(0.88-1.20)

1,2,3,4,7,8,9-HpCDF a
407.7817 50:17 50:17    1  1.000      48758       9073     10     25    907 a
409.7788 50:16 50:17    0  1.000      46132       8151      9     22    906  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF U
407.7817 48:34 49:31  -56  1.013       5324       1076     10     25    108
409.7788 48:34 49:31  -56  1.013       5349        937      9     22    104  1.00(0.88-1.20)
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDD
457.7377 53:52 53:51    1  1.000     297708      66956      2      5  33478
459.7348 53:52 53:51    1  1.000     335677      71836      5     12  14367  0.89(0.76-1.02)

OCDF
441.7428 53:59 53:58    0  1.000      69114      15117      7     17   2160
443.7399 53:59 53:58    0  1.000      77487      17338     17     42   1020  0.89(0.76-1.02)

13C-2,3,7,8-TCDD
331.9368 30:48 30:48    3  1.017      27785       3401    134    335     25
333.9338 30:48 30:48    3  1.017      38196       4078     94    235     43  0.73(0.65-0.89)

13C-2,3,7,8-TCDF M
315.9419 28:47 28:47    1  0.950      55837       7539    128    320     59 M
317.9389 28:46 28:47    0  0.949      63570       7438    273    682     27  0.88(0.65-0.89)

13C-1,2,3,7,8-PeCDD Ma
367.8949 40:33 40:33    1  1.339      30335       7408   1731   4327      4 M
369.8919 40:32 40:33    0  1.338      21734       5277   1096   2740      5  1.40(1.32-1.78) a

13C-1,2,3,7,8-PeCDF
351.9000 38:45 38:48    1  1.279      53219      11788   2572   6430      5
353.8970 38:45 38:48    1  1.279      31176       6879   1424   3560      5  1.71(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 40:01 40:04    1  1.321      53032      11892   2572   6430      5
353.8970 40:01 40:04    1  1.321      32890       7550   1424   3560      5  1.61(1.32-1.78)

13C-1,2,3,4,7,8-HxCDD
401.8559 44:48 44:49    0  0.989      36744       9575     82    205    117
403.8529 44:48 44:49    0  0.989      25952       7079      6     15   1180  1.42(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 44:55 44:56    0  0.991      36363       9143     82    205    112
403.8529 44:55 44:56    0  0.991      28140       5883      6     15    981  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDF RQM
383.8639 43:46 43:46    0  0.966      31891       8137   2060   5150      4 M

Empc Correction      25339       6855   2060   5150      3
385.8610 43:46 43:46    0  0.966      49685      13443   3120   7800      4  0.64(0.43-0.59)

13C-1,2,3,6,7,8-HxCDF Ma
383.8639 43:55 43:55    0  0.969      39700       9867   2060   5150      5 M
385.8610 43:55 43:55    0  0.969      68222      16627   3120   7800      5  0.58(0.43-0.59)

13C-2,3,4,6,7,8-HxCDF M
383.8639 44:38 44:38    1  0.985      32380       8284   2060   5150      4 M
385.8610 44:38 44:38    1  0.985      60976      15152   3120   7800      5  0.53(0.43-0.59) M

13C-1,2,3,7,8,9-HxCDF M
383.8639 45:34 45:34    0  1.006      29000       5537   2060   5150      3 M
385.8610 45:34 45:34    0  1.006      56660      12724   3120   7800      4  0.51(0.43-0.59) M

13C-1,2,3,4,6,7,8-HpCDD
435.8169 49:35 49:37    0  1.094      23450       4708     12     30    392
437.8140 49:35 49:37    0  1.094      26597       4989     56    140     89  0.88(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDF RQM
417.8250 47:56 47:56    1  1.058      27703       5673    882   2205      6 M

Empc Correction      20677       4708    882   2205      5
419.8220 47:56 47:56    1  1.058      46995      10702   2042   5105      5  0.59(0.37-0.51) M
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8,9-HpCDF M
417.8250 50:16 50:16    1  1.109      14356       3081    882   2205      3 M
419.8220 50:16 50:16    1  1.109      36424       7849   2042   5105      4  0.39(0.37-0.51) M

13C-OCDD M
469.7780 53:51 53:51    0  1.189      45595      10886   2311   5777      5 M
471.7750 53:51 53:51    0  1.189      49941      11789   2411   6027      5  0.91(0.76-1.02) M

13C-OCDF
453.7830 53:58 54:01   -1  1.191      60287      13095   2683   6707      5
455.7801 53:59 54:01    0  1.192      62749      15596   3217   8042      5  0.96(0.76-1.02)

37Cl4-2,3,7,8-TCDD
327.8847 30:48 30:50    1  1.017      21863       2120     88    220     24

13C-1,2,3,4-TCDD
331.9368 30:18 30:15    3     105009      12099    134    335     90
333.9338 30:18 30:15    3     123923      14807     94    235    158  0.85(0.65-0.89)

13C-1,2,3,7,8,9-HxCDD
401.8559 45:19 45:17    1     107875      23552     82    205    287
403.8529 45:19 45:17    1      96846      21776      6     15   3629  1.11(1.05-1.43)

1,3,6,8-TCDF
303.9016 22:29      25      62
305.8987 22:29      19      47

1,3,6,8-TCDD
319.8965 24:56      15      37
321.8936 24:56      13      32

1,2,8,9-TCDF
303.9016 33:52 33:53    0  1.177      87228       8855     25     62    354
305.8987 33:51 33:53   -1  1.176     116816      11616     19     47    611  0.75(0.65-0.89)

1,2,8,9-TCDD
319.8965 34:03      15      37
321.8936 34:03      13      32

1,3,4,6,8-PeCDF
339.8597 34:38      87     217
341.8567 34:38      16      40

1,2,4,7,9-PeCDD R
355.8546 37:35 37:36   -1  0.927        724        246      5     12     49
357.8516 37:35 37:36   -1  0.927        399        126      9     22     14  1.81(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 41:13       5      12
357.8516 41:13       9      22

1,2,3,8,9-PeCDF
339.8597 41:22      87     217
341.8567 41:22      16      40

1,2,3,4,6,8-HxCDF
373.8208 42:34      68     170
375.8178 42:34      71     177
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d

Signal
RT

(min.)
Adj RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,4,6,7,9-HxCDD
389.8158 43:16 43:15    1  0.966      13610       3913      6     15    652
391.8127 43:15 43:15    0  0.965      12582       3364      4     10    841  1.08(1.05-1.43)

1,2,3,4,8,9-HxCDF
373.8208 45:43      68     170
375.8178 45:43      71     177

1,2,3,4,6,7,9-HpCDD
423.7767 48:26 48:25    1  0.977      43487       9020     25     62    361
425.7737 48:26 48:25    1  0.977      43905       8622     34     85    254  0.99(0.88-1.20)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Lims ID: 140-17578-A-12-C MSD
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 10:06:00 Dil. Factor: 10.0000    
Sample Type: MSD, Matrix Spike Duplicate
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 14

Non-2,3,7,8-sub-TCDD, RT: 29.435

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.173 D 13C-2,3,7,8-TCDD                         50.000           65981            7479
Averages:

RRFn Qis Ris Area Ris Height
  1.173          5.000           65981            7479

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

27:49              1482               230              2151               308      0.2346 0.69
30:20               362               113               480                98      0.0544 0.75
30:34              2659               554              4593               641      0.4684 0.58 RQ
30:34              2659               554              3453               719      0.3948 Empc Correction
31:11               712               153               598               124      0.0846 1.19 RQ
31:11               460                95               598               124      0.0683 Empc Correction
31:17               628               188               326               111      0.0616 1.93 RQ
31:17               251                85               326               111      0.0373 Empc Correction
31:56             20489              2235             23569              2329        2.85 0.87
32:21               587                85               240                65      0.0534 2.45 RQ
32:21               184                50               240                65      0.0274 Empc Correction
32:50               541                63               622                96      0.0751 0.87

Compound is Marked ND
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Lims ID: 140-17578-A-12-C MSD
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 10:06:00 Dil. Factor: 10.0000    
Sample Type: MSD, Matrix Spike Duplicate
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 14

Non-2,3,7,8-sub-TCDF, RT: 28.156

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.088 D 13C-2,3,7,8-TCDF                         50.000          119407           14977
Averages:

RRFn Qis Ris Area Ris Height
  1.088          5.000          119407           14977

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

23:21              1638               253              2833               402      0.1721 0.58 RQ
23:21              1638               253              2127               328      0.1449 Empc Correction
24:21             11295              1402             14536              1923        0.99 0.78
24:41              1701               233              1894               362      0.1383 0.90 RQ
24:41              1458               278              1894               362      0.1290 Empc Correction
25:05             56174              6758             73490              8858        4.99 0.76
25:39             12488              2553             19672              3774        1.24 0.63 RQ
25:39             12488              2553             16218              3315        1.10 Empc Correction
25:48             52838              6556             65617              8771        4.56 0.81
26:15              9789              1267             13630              1570      0.9012 0.72
26:27             31762              3929             43570              5830        2.90 0.73
26:59             48850              5914             63626              7903        4.33 0.77
27:13              5465               876              7153               902      0.4856 0.76
27:44            528476             67016            672683             79884        46.2 0.79
28:04              1327               292              2469               455      0.1461 0.54 RQ
28:04              1327               292              1723               379      0.1174 Empc Correction
28:21             27750              3161             34064              3858        2.38 0.81
29:18              2813               342              1545               309      0.1677 1.82 RQ
29:18              1189               237              1545               309      0.1052 Empc Correction
30:03             83638              8617             98075             11208        6.99 0.85
30:45             18903              1631             24416              2372        1.67 0.77

Compound is Marked ND
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Lims ID: 140-17578-A-12-C MSD
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 10:06:00 Dil. Factor: 10.0000    
Sample Type: MSD, Matrix Spike Duplicate
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 14

Non-2,3,7,8-sub-PeCDD, RT: 39.399

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.043 D 13C-1,2,3,7,8-PeCDD                      50.000           52069           12685
Averages:

RRFn Qis Ris Area Ris Height
  1.043          5.000           52069           12685

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

38:28               978               242               498               149      0.1358 1.96 RQ
38:28               771               230               498               149      0.1168 Empc Correction
39:09               376                94               806               260      0.1088 0.47 RQ
39:09               376                94               242                60      0.0569 Empc Correction
39:50              1179               267               573               116      0.1612 2.06 RQ
39:50               888               179               573               116      0.1345 Empc Correction
40:57               608                74               291                99      0.0827 2.09 RQ
40:57               451               153               291                99      0.0683 Empc Correction

Compound is Marked ND
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Lims ID: 140-17578-A-12-C MSD
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 10:06:00 Dil. Factor: 10.0000    
Sample Type: MSD, Matrix Spike Duplicate
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 14

Non-2,3,7,8-sub-PeCDF, RT: 37.968

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.190 D 13C-1,2,3,7,8-PeCDF                      50.000           84395           18667
  2,3,4,7,8-PeCDF                    1.109 D 13C-2,3,4,7,8-PeCDF                      50.000           85922           19442
Averages:

RRFn Qis Ris Area Ris Height
  1.150          5.000           85158           19054

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

37:16             16657              2934             10174              1470        1.37 1.64
39:17             11514              2150              6458              1254      0.9179 1.78
40:18              6929              1081              4167               687      0.5667 1.66

Compound is Marked ND
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Lims ID: 140-17578-A-12-C MSD
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 10:06:00 Dil. Factor: 10.0000    
Sample Type: MSD, Matrix Spike Duplicate
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 14

Non-2,3,7,8-sub-HxCDD, RT: 44.269

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.141 D 13C-1,2,3,4,7,8-HxCDD                    50.000           62696           16654
  1,2,3,6,7,8-HxCDD                  1.148 D 13C-1,2,3,6,7,8-HxCDD                    50.000           64503           15026
  1,2,3,7,8,9-HxCDD                  1.221
Averages:

RRFn Qis Ris Area Ris Height
  1.170          5.000           63599           15840

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

44:08              4328              1034              3346               957      0.5156 1.29

Compound is Marked ND
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Report Date: 18-Dec-2019 11:15:40 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Lims ID: 140-17578-A-12-C MSD
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 10:06:00 Dil. Factor: 10.0000    
Sample Type: MSD, Matrix Spike Duplicate
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 14

Non-2,3,7,8-sub-HxCDF, RT: 44.125

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.363 D 13C-1,2,3,4,7,8-HxCDF                    50.000           81576           21580
  1,2,3,6,7,8-HxCDF                  1.276 D 13C-1,2,3,6,7,8-HxCDF                    50.000          107922           26494
  2,3,4,6,7,8-HxCDF                  1.265 D 13C-2,3,4,6,7,8-HxCDF                    50.000           93356           23436
  1,2,3,7,8,9-HxCDF                  1.257 D 13C-1,2,3,7,8,9-HxCDF                    50.000           85660           18261
Averages:

RRFn Qis Ris Area Ris Height
  1.290          5.000           92128           22442

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

42:45              5219              1353              3743               959      0.3769 1.39
45:35                 0                 0             48168             11366        2.03 0.00

Compound is Marked ND

Page 2377 of 2476



Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Lims ID: 140-17578-A-12-C MSD
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 10:06:00 Dil. Factor: 10.0000    
Sample Type: MSD, Matrix Spike Duplicate
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 14

Non-2,3,7,8-sub-HpCDD, RT: 49.003

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.120 D 13C-1,2,3,4,6,7,8-HpCDD                  50.000           50047            9697
Averages:

RRFn Qis Ris Area Ris Height
  1.120          5.000           50047            9697

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

Compound is Marked ND
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

AreaSum WorkSheet Report

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Lims ID: 140-17578-A-12-C MSD
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Inject. Date: 18-Dec-2019 10:06:00 Dil. Factor: 10.0000    
Sample Type: MSD, Matrix Spike Duplicate
Instrument ID: D2A Operator: Xcalibur_System
Lims Batch ID: 36166 Lims Sample ID: 14

Non-2,3,7,8-sub-HpCDF, RT: 49.509

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.498 D 13C-1,2,3,4,6,7,8-HpCDF                  50.000           74698           16375
  1,2,3,4,7,8,9-HpCDF                1.381 D 13C-1,2,3,4,7,8,9-HpCDF                  50.000           50780           10930
Averages:

RRFn Qis Ris Area Ris Height
  1.440          5.000           62739           13652

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

48:34              5324              1076              5349               937      0.5909 1.00
50:17             48758              9073             46132              8151        5.25 1.06

Compound is Marked ND
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
TCDD
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
TCDD
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TCDD Lock Mass
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
37Cl4-TCDD
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
TCDF
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
TCDF
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          33.86
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          33.84

TCDF Lock Mass
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
TCDF

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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F1:m/z     303.9016

2,3,7,8-TCDF
          28.82
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L 1,2,8,9-TCDF
          33.86
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F1:m/z     305.8987
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27.73

L 1,2,8,9-TCDF
          33.84

TCDF Interference Mass

12.0 14.0 16.0 18.0 20.0 22.0 24.0 26.0 28.0 30.0 32.0 34.0
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F1:m/z     375.8364
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F1(12.07 :34.29 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
RT:  28.77
Area: 58971
Amount:    3.050820
Amount Units: pg/ul
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Manual Integration Results
RT:  28.77
Area: 55837
Amount:    2.972795
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:11:11
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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F2:m/z     355.8546
1,2,3,7,8-PeCDD
          40.56

39.83
1,2,4,7,9-PeCDD
          37.57 38.88 41.20 41.95
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PeCDD Standards
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13C-1,2,3,7,8-PeCDD
          40.52
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
PeCDD

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min
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)

F2:m/z     355.8546

1,2,3,7,8-PeCDD
          40.56

39.83
1,2,4,7,9-PeCDD
          37.57 38.88 41.20 41.95

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
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X
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)

F2:m/z     357.8516

37.75

1,2,3,7,8-PeCDD
          40.56

35.44

38.25

39.1334.66 38.45 39.82 41.11

PeCDD Lock Mass

34.3 35.0 35.7 36.4 37.1 37.8 38.5 39.2 39.9 40.6 41.3 42.0
Min

0

9

18

27

36

45
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63

72
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Y

F2:m/z     313.9834
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

13C-1,2,3,7,8-PeCDD, CAS: 109719-79-1
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  40.52
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Manual Integration Results
RT:  40.52
Area: 21734
Amount:    2.601404
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:11:35
Audit Action: Assigned Compound ID Audit Reason: Baseline
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F2(34.39 :42.21 )

13C-1,2,3,7,8-PeCDD, CAS: 109719-79-1
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  40.52
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Manual Integration Results
RT:  40.54
Area: 30335
Amount:    2.601404
Amount Units: pg/ul

40.1 40.3 40.5 40.7 40.9
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Reviewer: davidsonm, 18-Dec-2019 11:11:35
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
PeCDF
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PeCDF Standards
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          40.01
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
PeCDF
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40.26 41.3538.26

PeCDF Lock Mass
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
PeCDF
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2,3,4,7,8-PeCDF
          40.02
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PeCDF Interference Mass
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
HxCDD
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          43.26
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42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
)

F3:m/z     401.8559
13C-1,2,3,7,8,9-HxCDD
          45.30

45.51

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F3:m/z     403.8529
13C-1,2,3,7,8,9-HxCDD
          45.30

45.73
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Report Date: 18-Dec-2019 11:15:41 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
HxCDD
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Min
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F3:m/z     389.8158

1,2,3,6,7,8-HxCDD
          44.93

1,2,4,6,7,9-HxCDD
          43.26

44.12
45.7343.82
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F3:m/z     391.8127

1,2,3,4,7,8-HxCDD
          44.81

1,2,4,6,7,9-HxCDD
          43.24

42.58 45.7444.10

HxCDD Lock Mass

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
Min
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F3:m/z     375.9802
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
HxCDF
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HxCDF Standards
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          45.56
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13C-1,2,3,7,8,9-HxCDF
          45.56
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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          43.92

1,2,3,7,8,9-HxCDF
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45.6642.74
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          45.57
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HxCDF Lock Mass
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
HxCDF

42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9 45.3 45.7 46.1 46.5
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F3:m/z     373.8208

1,2,3,4,7,8-HxCDF
          43.78

1,2,3,6,7,8-HxCDF
          43.92

1,2,3,7,8,9-HxCDF
          45.57

45.6642.74
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45.6942.74 43.33

HxCDF Interference Mass
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 3

Processing Integration Results
RT:  44.64
Area: 130685
Amount:    6.066906
Amount Units: pg/ul

Manual Integration Results
RT:  45.57
Area: 105949
Amount:    4.918564
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 11:13:34
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
RT:  44.64
Area: 58031
Amount:    6.066906
Amount Units: pg/ul
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Manual Integration Results
RT:  45.57
Area: 48168
Amount:    4.918564
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:13:44
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
RT:  44.64
Area: 72654
Amount:    6.066906
Amount Units: pg/ul
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Manual Integration Results
RT:  45.57
Area: 57781
Amount:    4.918564
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:13:47
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDF, CAS: 114423-98-2
Signal: 2

Processing Integration Results
RT:  43.77
Area: 44750
Amount:    3.101051
Amount Units: pg/ul
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Manual Integration Results
RT:  43.77
Area: 49685
Amount:    3.350792
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:12:24
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDF, CAS: 114423-98-2
Signal: 3

Processing Integration Results
RT:  43.77
Area: 75496
Amount:    3.101051
Amount Units: pg/ul
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Manual Integration Results
RT:  43.77
Area: 81576
Amount:    3.350792
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 11:12:24
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,4,7,8-HxCDF, CAS: 114423-98-2
Signal: 1

Processing Integration Results
RT:  43.77
Area: 30746
Amount:    3.101051
Amount Units: pg/ul
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Manual Integration Results
RT:  43.77
Area: 31891
Amount:    3.350792
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:12:45
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDF, CAS: 116843-03-9
Signal: 2

Processing Integration Results
RT:  43.90
Area: 56367
Amount:    3.128236
Amount Units: pg/ul
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Manual Integration Results
RT:  43.90
Area: 68222
Amount:    3.604663
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:12:53
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDF, CAS: 116843-03-9
Signal: 3

Processing Integration Results
RT:  43.90
Area: 93658
Amount:    3.128236
Amount Units: pg/ul
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Manual Integration Results
RT:  43.90
Area: 107922
Amount:    3.604663
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 11:12:53
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,6,7,8-HxCDF, CAS: 116843-03-9
Signal: 1

Processing Integration Results
RT:  43.90
Area: 37291
Amount:    3.128236
Amount Units: pg/ul
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Manual Integration Results
RT:  43.90
Area: 39700
Amount:    3.604663
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:12:55
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-2,3,4,6,7,8-HxCDF, CAS: 116843-05-1
Signal: 1

Processing Integration Results
RT:  44.63
Area: 26014
Amount:    2.974263
Amount Units: pg/ul
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Manual Integration Results
RT:  44.63
Area: 32380
Amount:    3.455526
Amount Units: pg/ul

44.2 44.4 44.6 44.8 45.0
Min

RT

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

Y
 ( 

X
10

0)

F3:m/z     383.8639

 4
4.

62
8

Reviewer: davidsonm, 18-Dec-2019 11:13:07
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-2,3,4,6,7,8-HxCDF, CAS: 116843-05-1
Signal: 2

Processing Integration Results
RT:  44.63
Area: 54340
Amount:    2.974263
Amount Units: pg/ul
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Manual Integration Results
RT:  44.63
Area: 60976
Amount:    3.455526
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:13:11
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,7,8,9-HxCDF, CAS: 116843-04-0
Signal: 3

Processing Integration Results
RT:  44.63
Area: 79273
Amount:    3.226528
Amount Units: pg/ul

Manual Integration Results
RT:  45.56
Area: 85660
Amount:    3.486488
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 11:13:18
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,7,8,9-HxCDF, CAS: 116843-04-0
Signal: 1

Processing Integration Results
RT:  44.63
Area: 26014
Amount:    3.226528
Amount Units: pg/ul
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Manual Integration Results
RT:  45.56
Area: 29000
Amount:    3.486488
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:13:24
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F3(42.31 :47.08 )

13C-1,2,3,7,8,9-HxCDF, CAS: 116843-04-0
Signal: 2

Processing Integration Results
RT:  44.63
Area: 53259
Amount:    3.226528
Amount Units: pg/ul
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Manual Integration Results
RT:  45.56
Area: 56660
Amount:    3.486488
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:13:27
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
HpCDD
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
HpCDF
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
HpCDF
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HpCDF Lock Mass
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
HpCDF
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HpCDF Interference Mass
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 2

Processing Integration Results
RT:  47.94
Area: 69242
Amount:    9.923991
Amount Units: pg/ul
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Manual Integration Results
RT:  50.26
Area: 46132
Amount:    6.766990
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:15:03
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 3

Processing Integration Results
RT:  47.94
Area: 139159
Amount:    9.923991
Amount Units: pg/ul
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Manual Integration Results
RT:  50.27
Area: 94890
Amount:    6.766990
Amount Units: pg/ul
Reviewer: davidsonm, 18-Dec-2019 11:15:03
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 18-Dec-2019 11:15:42 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  47.94
Area: 69917
Amount:    9.923991
Amount Units: pg/ul
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Manual Integration Results
RT:  50.27
Area: 48758
Amount:    6.766990
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:15:05
Audit Action: Assigned Compound ID Audit Reason: Split Peak
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Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

13C-1,2,3,4,6,7,8-HpCDF, CAS: 109719-84-8
Signal: 2

Processing Integration Results
RT:  47.92
Area: 44288
Amount:    3.235945
Amount Units: pg/ul
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Manual Integration Results
RT:  47.92
Area: 46995
Amount:    3.476265
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:14:15
Audit Action: Manually Integrated Audit Reason: Baseline

Page 2422 of 2476



Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

13C-1,2,3,4,6,7,8-HpCDF, CAS: 109719-84-8
Signal: 1

Processing Integration Results
RT:  47.92
Area: 25246
Amount:    3.235945
Amount Units: pg/ul
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Manual Integration Results
RT:  47.92
Area: 27703
Amount:    3.476265
Amount Units: pg/ul

47.5 47.7 47.9 48.1 48.3
Min

RT

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

0)

F4:m/z     417.8250

 4
7.

92
4

Reviewer: davidsonm, 18-Dec-2019 11:14:20
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

13C-1,2,3,4,7,8,9-HpCDF, CAS: 109719-94-0
Signal: 1

Processing Integration Results
RT:  47.92
Area: 25246
Amount:    3.796171
Amount Units: pg/ul
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Manual Integration Results
RT:  50.26
Area: 14356
Amount:    2.772307
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:14:56
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F4(47.18 :52.50 )

13C-1,2,3,4,7,8,9-HpCDF, CAS: 109719-94-0
Signal: 2

Processing Integration Results
RT:  47.92
Area: 44288
Amount:    3.796171
Amount Units: pg/ul
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Manual Integration Results
RT:  50.26
Area: 36424
Amount:    2.772307
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:14:58
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
OCDD
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Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

13C-OCDD, CAS: 114423-97-1
Signal: 2

Processing Integration Results
RT:  53.84
Area: 51657
Amount:    6.928608
Amount Units: pg/ul
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Manual Integration Results
RT:  53.84
Area: 49941
Amount:    6.625079
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:15:19
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Instrument ID: D2A
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 1.0 ul Dil. Factor: 10.0000    
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Column: Detector F5(52.61 :57.22 )

13C-OCDD, CAS: 114423-97-1
Signal: 1

Processing Integration Results
RT:  53.84
Area: 48256
Amount:    6.928608
Amount Units: pg/ul
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Manual Integration Results
RT:  53.84
Area: 45595
Amount:    6.625079
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:15:21
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
OCDF
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Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
OCDF
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OCDF Lock Mass
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Report Date: 18-Dec-2019 11:15:43 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D2A\20191217-14069.b\140-17578-a-12-cmsda.d
Injection Date: 18-Dec-2019 10:06:00 Injection Vol: 1.0 ul
Instrument ID: D2A Operator ID: Xcalibur_System
Method: D2A_Dioxin Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36166 Sample Line#: 14
Column Type: Column Dia:
OCDF
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120619-SS-SJSSA0
6(4-6) MSD

SDG No.:

140-17578-1

Lab Sample ID: 140-17578-12 MSD

Eurofins TestAmerica, Knoxville

Matrix: 140-17578-a-12-cmsd.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/06/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  10:49

15

HRMS-Sox

12/18/2019  10:27

Low1(uL)

20(uL)

% Moisture: 39.1

Sample wt/vol: 10.08(g)

N

Analysis Batch No.: 36167 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

24 6.1451207-31-9 2,3,7,8-TCDF 1950

%RECCAS NO. LIMITSQISOTOPE DILUTION

88 24-16989059-46-1 13C-2,3,7,8-TCDF

FORM I 1613B
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Report Date: 18-Dec-2019 11:10:32 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-cmsd.d
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: MSD
Inject. Date: 18-Dec-2019 10:27:00 ALS Bottle#: 0 Worklist Smp#: 18
Injection Vol: 1.0 ul Dil. Factor: 15.0000    
Sample Info:
Misc. Info.: 140-0014071-018
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 11:10:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 11:10:32

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  2,3,7,8-TCDD 19:43     514299 0.82   1.2213        17.7        17.7   0.1048   0.1048   2653  a
  2,3,7,8-TCDF 22:14    2277924 0.80   1.1100        39.9        39.9   0.1242   0.1242   5980
D 13C-2,3,7,8-TCDD 19:40      79370 0.72   1.0031       2.179       2.179   0.9716   0.9716  65.38  Ma
D 13C-2,3,7,8-TCDF 22:11     171571 0.77   1.6193       2.919       2.919   0.2203   0.2203  87.56  M
$ 37Cl4-2,3,7,8-TCDD 19:43      21735   1.1834      0.5059      0.5059   0.0692   0.0692  75.89

* 13C-1,2,3,4-TCDD 20:08     242031 0.81  1.6E+05       6.667       6.667    100  M

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 11:10:32 Chrom Revision: 2.3  05-Dec-2019 09:31:18

Eurofins TestAmerica, Knoxville
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-cmsd.d
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Sample Type: MSD
Inject. Date: 18-Dec-2019 10:27:00 ALS Bottle#: 0 Worklist Smp#: 18
Injection Vol: 1.0 ul Dil. Factor: 15.0000    
Sample Info:
Misc. Info.: 140-0014071-018
Operator ID: Xcalibur_System Instrument ID: D12C

Method: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\TCDD_TCDF_D12C.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 11:10:32 Calib Date: 03-May-2019 06:14:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Knoxville\ChromData\D12C\20190502-11646.b\icl5_190503061437.d

Column 1 : DB225 ( 0.32 mm) Det: F1(8.07  :27.50 )
Process Host: CTX1010

First Level Reviewer: davidsonm Date: 18-Dec-2019 11:10:32

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD a
319.8965 19:43 19:43    0  1.003     231700      36727     86    215    427 a
321.8936 19:43 19:43    0  1.003     282599      44203    117    292    378  0.82(0.65-0.89)

2,3,7,8-TCDF
303.9016 22:14 22:13   -1  1.002    1015367     137088    152    380    902
305.8987 22:14 22:13   -1  1.002    1262557     169939    189    472    899  0.80(0.65-0.89)

13C-2,3,7,8-TCDD Ma
331.9368 19:40 19:40   -2  0.977      33333       5261   1405   3512      4 M
333.9338 19:41 19:40   -1  0.977      46037       7941    841   2102      9  0.72(0.65-0.89)

13C-2,3,7,8-TCDF M
315.9419 22:11 22:11   -2  1.102      74532      10683    498   1245     21 M
317.9389 22:11 22:11   -2  1.102      97039       9909    324    810     31  0.77(0.65-0.89) M

37Cl4-2,3,7,8-TCDD
327.8847 19:43 19:42    0  0.979      21735       3150    189    472     17

13C-1,2,3,4-TCDD M
331.9368 20:08 20:09   -1     108049      17096   1405   3512     12 M
333.9338 20:08 20:09   -1     133982      21314    841   2102     25  0.81(0.65-0.89)

QC Flag Legend
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 18-Dec-2019 11:10:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-cmsd.d
Injection Date: 18-Dec-2019 10:27:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36167 Sample Line#: 18
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 11:10:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-cmsd.d
Injection Date: 18-Dec-2019 10:27:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36167 Sample Line#: 18
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 11:10:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Eurofins TestAmerica, Knoxville

Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-cmsd.d
Injection Date: 18-Dec-2019 10:27:00 Injection Vol: 1.0 ul
Instrument ID: D12C Operator ID: Xcalibur_System
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Worklist#: 36167 Sample Line#: 18
Column Type: DB225 Column Dia:  0.32 mm
TCDF
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Report Date: 18-Dec-2019 11:10:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-cmsd.d
Injection Date: 18-Dec-2019 10:27:00 Instrument ID: D12C
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 18
Injection Vol: 1.0 ul Dil. Factor: 15.0000    
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 1

Processing Integration Results
RT:  22.18
Area: 70131
Amount:    2.743281
Amount Units: pg/ul
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Manual Integration Results
RT:  22.18
Area: 74532
Amount:    2.918524
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:10:12
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 18-Dec-2019 11:10:33 Chrom Revision: 2.3  05-Dec-2019 09:31:18
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Knoxville
Data File: \\chromna\Knoxville\ChromData\D12C\20191217-14071.b\140-17578-a-12-cmsd.d
Injection Date: 18-Dec-2019 10:27:00 Instrument ID: D12C
Lims ID: 140-17578-A-12-C MSD     
Client ID: 11187072-120619-SS-SJSSA06(4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 18
Injection Vol: 1.0 ul Dil. Factor: 15.0000    
Method: TCDD_TCDF_D12C Limit Group: HR - 1613B - ICAL
Column: DB225 ( 0.32 mm) Detector F1(8.07  :27.50 )

13C-2,3,7,8-TCDF, CAS: 89059-46-1
Signal: 2

Processing Integration Results
RT:  22.18
Area: 91138
Amount:    2.743281
Amount Units: pg/ul
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Manual Integration Results
RT:  22.18
Area: 97039
Amount:    2.918524
Amount Units: pg/ul
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Reviewer: davidsonm, 18-Dec-2019 11:10:16
Audit Action: Manually Integrated Audit Reason: Baseline
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Knoxville 140-17578-1

D2A

7768

Start Date:

End Date: 05/16/2014  20:36

05/16/2014  10:23

WDM 140-7768/1 RTX-5 0.32(mm)105/16/2014  10:23 d3140516w1.d

IC 140-7768/2 RTX-5 0.32(mm)105/16/2014  14:26 d3140516i1.d

IC 140-7768/3 RTX-5 0.32(mm)105/16/2014  15:26 d3140516i2.d

IC 140-7768/4 RTX-5 0.32(mm)105/16/2014  16:27 d3140516i3.d

IC 140-7768/5 RTX-5 0.32(mm)105/16/2014  17:29 d3140516i4.d

IC 140-7768/6 RTX-5 0.32(mm)105/16/2014  18:31 d3140516i5.d

ICV 140-7768/7 RTX-5 0.32(mm)105/16/2014  20:36 d3140516ss.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Knoxville 140-17578-1

D12C

29777

Start Date:

End Date: 05/03/2019  12:43

05/03/2019  01:30

CPS 140-29777/1 DB 225 0.25(mm)105/03/2019  01:30 d2190503w1.d

ZZZZZ DB 225 0.25(mm)105/03/2019  02:05

ZZZZZ DB 225 0.25(mm)105/03/2019  02:23

IC 140-29777/4 DB 225 0.25(mm)105/03/2019  02:43 icl1_1905030243
18.d

ZZZZZ DB 225 0.25(mm)105/03/2019  03:17

IC 140-29777/6 DB 225 0.25(mm)105/03/2019  03:35 icl2_1905030335
22.d

ZZZZZ DB 225 0.25(mm)105/03/2019  04:10

IC 140-29777/8 DB 225 0.25(mm)105/03/2019  04:28 icl3_1905030428
27.d

ZZZZZ DB 225 0.25(mm)105/03/2019  05:03

IC 140-29777/10 DB 225 0.25(mm)105/03/2019  05:21 icl4_1905030521
33.d

ZZZZZ DB 225 0.25(mm)105/03/2019  05:56

IC 140-29777/12 DB 225 0.25(mm)105/03/2019  06:14 icl5_1905030614
37.d

ZZZZZ DB 225 0.25(mm)105/03/2019  06:49

ZZZZZ DB 225 0.25(mm)105/03/2019  07:07

ZZZZZ DB 225 0.25(mm)105/03/2019  07:25

ZZZZZ DB 225 0.25(mm)105/03/2019  07:43

ICV 140-29777/17 DB 225 0.25(mm)105/03/2019  12:43 icv_19050312432
2.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Knoxville 140-17578-1

D2A

36126

Start Date:

End Date: 12/17/2019  11:08

12/17/2019  01:01

WDMCCV 140-36126/1 RTX-5 0.32(mm)112/17/2019  01:01 d3191217s1.d

LCS 140-35991/21-A RTX-5 0.32(mm)112/17/2019  02:04 lcs140-3599121-
a.d

ZZZZZ RTX-5 0.32(mm)112/17/2019  03:04

ZZZZZ RTX-5 0.32(mm)112/17/2019  03:16

ZZZZZ RTX-5 0.32(mm)112/17/2019  03:28

ZZZZZ RTX-5 0.32(mm)112/17/2019  03:44

MB 140-35991/20-A RTX-5 0.32(mm)112/17/2019  04:00 mb140-3599120-a
.d

140-17578-1 RTX-5 0.32(mm)112/17/2019  05:02 140-17578-a-1-a
.d

140-17578-2 RTX-5 0.32(mm)112/17/2019  06:03 140-17578-a-2-a
.d

140-17578-3 RTX-5 0.32(mm)112/17/2019  07:04 140-17578-a-3-a
.d

140-17578-4 RTX-5 0.32(mm)112/17/2019  08:05 140-17578-a-4-a
.d

140-17578-5 RTX-5 0.32(mm)112/17/2019  09:06 140-17578-a-5-a
.d

140-17578-6 RTX-5 0.32(mm)112/17/2019  10:07 140-17578-a-6-a
.d

140-17578-7 RTX-5 0.32(mm)112/17/2019  11:08 140-17578-a-7-a
.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Knoxville 140-17578-1

D2A

36146

Start Date:

End Date: 12/17/2019  21:38

12/17/2019  12:34

WDMCCV 140-36146/1 RTX-5 0.32(mm)112/17/2019  12:34 d3191217s2.d

ZZZZZ RTX-5 0.32(mm)112/17/2019  13:34

ZZZZZ RTX-5 0.32(mm)112/17/2019  13:46

ZZZZZ RTX-5 0.32(mm)112/17/2019  13:59

ZZZZZ RTX-5 0.32(mm)112/17/2019  14:15

ZZZZZ RTX-5 0.32(mm)112/17/2019  14:31

140-17578-8 RTX-5 0.32(mm)112/17/2019  15:32 140-17578-a-8-a
.d

140-17578-9 RTX-5 0.32(mm)112/17/2019  16:33 140-17578-a-9-a
.d

140-17578-10 RTX-5 0.32(mm)112/17/2019  17:34 140-17578-a-10-
a.d

140-17578-11 RTX-5 0.32(mm)112/17/2019  18:35 140-17578-a-11-
a.d

ZZZZZ RTX-5 0.32(mm)112/17/2019  19:36

ZZZZZ RTX-5 0.32(mm)112/17/2019  20:37

ZZZZZ RTX-5 0.32(mm)112/17/2019  21:38

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Knoxville 140-17578-1

D2A

36166

Start Date:

End Date: 12/18/2019  10:06

12/18/2019  00:01

WDMCCV 140-36166/1 RTX-5 0.32(mm)112/18/2019  00:01 d3191217s3.d

ZZZZZ RTX-5 0.32(mm)112/18/2019  01:00

ZZZZZ RTX-5 0.32(mm)112/18/2019  01:12

ZZZZZ RTX-5 0.32(mm)112/18/2019  01:25

ZZZZZ RTX-5 0.32(mm)112/18/2019  01:41

ZZZZZ RTX-5 0.32(mm)112/18/2019  01:57

140-17578-13 RTX-5 0.32(mm)112/18/2019  02:58 140-17578-a-13-
a.d

140-17578-14 RTX-5 0.32(mm)112/18/2019  03:59 140-17578-a-14-
a.d

140-17578-15 RTX-5 0.32(mm)112/18/2019  05:00 140-17578-a-15-
a.d

140-17578-16 RTX-5 0.32(mm)112/18/2019  06:01 140-17578-a-16-
a.d

140-17578-17 RTX-5 0.32(mm)112/18/2019  07:02 140-17578-a-17-
a.d

140-17578-12 RTX-5 0.32(mm)1012/18/2019  08:03 140-17578-a-12-
aa.d

140-17578-12 MS RTX-5 0.32(mm)1012/18/2019  09:05 140-17578-a-12-
bmsa.d

140-17578-12 MSD RTX-5 0.32(mm)1012/18/2019  10:06 140-17578-a-12-
cmsda.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Knoxville 140-17578-1

D12C

36167

Start Date:

End Date: 12/18/2019  10:27

12/18/2019  00:58

CPS 140-36167/1 DB225 0.32(mm)112/18/2019  00:58 d2191218w1.d

ZZZZZ DB225 0.32(mm)112/18/2019  01:33

CCV 140-36167/3 DB225 0.32(mm)112/18/2019  01:51 d2191218s1.d

ZZZZZ DB225 0.32(mm)112/18/2019  02:26

ZZZZZ DB225 0.32(mm)112/18/2019  02:44

140-17578-1 DB225 0.32(mm)112/18/2019  03:24 140-17578-a-1-a
.d

140-17578-6 DB225 0.32(mm)112/18/2019  03:58 140-17578-a-6-a
.d

140-17578-2 DB225 0.32(mm)112/18/2019  04:33 140-17578-a-2-a
.d

140-17578-5 DB225 0.32(mm)112/18/2019  05:08 140-17578-A-5-A
a.d

140-17578-4 DB225 0.32(mm)112/18/2019  05:44 140-17578-a-4-a
.d

140-17578-3 DB225 0.32(mm)112/18/2019  06:19 140-17578-a-3-a
.d

140-17578-8 DB225 0.32(mm)112/18/2019  06:55 140-17578-a-8-a
.d

140-17578-9 DB225 0.32(mm)112/18/2019  07:30 140-17578-a-9-a
.d

140-17578-10 DB225 0.32(mm)112/18/2019  08:05 140-17578-a-10-
a.d

140-17578-11 DB225 0.32(mm)112/18/2019  08:41 140-17578-a-11-
a.d

140-17578-12 DB225 0.32(mm)1512/18/2019  09:16 140-17578-a-12-
a.d

140-17578-12 MS DB225 0.32(mm)1512/18/2019  09:52 140-17578-a-12-
bms.d

140-17578-12 MSD DB225 0.32(mm)1512/18/2019  10:27 140-17578-a-12-
cmsd.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Knoxville 140-17578-1

D12C

36178

Start Date:

End Date: 12/18/2019  19:48

12/18/2019  11:19

CPS 140-36178/1 DB225 0.32(mm)112/18/2019  11:19 d2191218w2.d

ZZZZZ DB225 0.32(mm)112/18/2019  11:53

CCV 140-36178/3 DB225 0.32(mm)112/18/2019  12:11 d2191218s2.d

ZZZZZ DB225 0.32(mm)112/18/2019  12:46

ZZZZZ DB225 0.32(mm)112/18/2019  13:04

140-17578-15 DB225 0.32(mm)112/18/2019  13:39 140-17578-a-15-
a.d

140-17578-16 DB225 0.32(mm)112/18/2019  14:14 140-17578-a-16-
a.d

140-17578-17 DB225 0.32(mm)112/18/2019  14:50 140-17578-a-17-
a.d

140-17578-14 DB225 0.32(mm)112/18/2019  15:25 140-17578-a-14-
a.d

140-17578-13 DB225 0.32(mm)512/18/2019  19:48 140-17578-a-13-
a.d

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN BATCH WORKSHEET

140-17578-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Stockton, Samuel

12/16/19  16:52

12/11/19  10:4935991

Batch Method:

Eurofins TestAmerica, Knoxville

HRMS-Sox

Lab Sample ID Client Sample ID Method Chain Basis InitialAmount FinalAmount 10CSDFCL37CUP 
00044

10IDDFC13WRKP 
00073

10RSDFWRKP 
00037

10SPDFNATSPKP 
00030

11187072-120419-
SS-SJSSA08(0-1)

10.06 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-1

11187072-120419-
SS-SJSSA08(1-2)

10.10 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-2

11187072-120419-
SS-SJSSA08(2-4)

9.76 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-3

11187072-120419-
SS-SJSSA08(4-6)

10.10 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-4

11187072-120619-
SS-SJSSA03(0-1)

9.83 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-5

11187072-120619-
SS-SJSSA03(1-2)

9.95 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-6

11187072-120619-
SS-SJSSA03(2-4)

10.15 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-7

11187072-120619-
SS-SJSSA03(4-6)

10.16 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-8

11187072-120619-
SS-SJSSA06(0-1)

10.37 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-9

11187072-120619-
SS-SJSSA06(1-2)

10.19 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-10

11187072-120619-
SS-SJSSA06(2-4)

10.31 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-11

11187072-120619-
SS-SJSSA06(4-6)

9.90 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-12

11187072-120619-
SS-SJSSA06(4-6)

9.54 g 20 uL 1 mL 1 mL 20 uL 1 mLHRMS-Sox, 
1613B

T140-17578-A-12 
MS

11187072-120619-
SS-SJSSA06(4-6)

10.08 g 20 uL 1 mL 1 mL 20 uL 1 mLHRMS-Sox, 
1613B

T140-17578-A-12 
MSD

11187072-120619-
SS-DUP1

9.84 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-13

11187072-120719-
SS-SJSSA02(2-4)

10.27 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-14

11187072-120719-
SS-SJSSA02(4-6)

10.13 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-15

11187072-120719-
SS-SJSSA02(0-1)

9.89 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-16

11187072-120719-
SS-SJSSA02(1-2)

9.55 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

T140-17578-A-17

10 g 20 uL 1 mL 1 mL 20 uLHRMS-Sox, 
1613B

MB 140-35991/20

10 g 20 uL 1 mL 1 mL 20 uL 1 mLHRMS-Sox, 
1613B

LCS 
140-35991/21

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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Lab Name: Job No.:

SDG No.:

DIOXIN BATCH WORKSHEET

140-17578-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Stockton, Samuel

12/16/19  16:52

12/11/19  10:4935991

Batch Method:

Eurofins TestAmerica, Knoxville

HRMS-Sox

Batch Notes

1:1 DCM:Cyclohexane ID 266448

65% DCM:Hexane ID 269442

75:20:5 DCM:Hexane:Benzene ID 264675

95% Hexane: MeCl ID 266448

Acid Silica ID 270889

Alumina ID 216215

Balance ID d1

Batch Comment gpc1, Concentrated by VGC

Carbon ID 261884

Carbon Column C/U Analyst sa

Carbon Column C/U Date 12/12/2019

Dual Column C/U Analyst edd

Dual Column C/U Date 12/12/2019

Deactivated Silica ID 270867, 272205

GPC Analyst ajr

GPC Date 12/13/2019

Hexane ID 263909, 226527

MeCL2 ID 257909

Nonane ID 178724

Analyst ID - IDA Reagent Drop ss

Analyst ID - IDA Reagent Drop Witness abh

Analyst ID - IS Reagent Drop als

Analyst ID - IS Reagent Drop Witness als

Analyst ID - SU Reagent Drop als

Analyst ID - SU Reagent Drop Witness ss

Analyst ID - TA Reagent Drop ss

Analyst ID - TA Reagent Drop Witness abh

Soxhlet/Soxtherm End 12/12/19 7:25

Soxhlet/Soxtherm Start 12/11/19 13:00

Tetradecane ID 250895

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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Lab Name: Job No.:

SDG No.:

DIOXIN BATCH WORKSHEET

140-17578-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Stockton, Samuel

12/16/19  16:52

12/11/19  10:4935991

Batch Method:

Eurofins TestAmerica, Knoxville

HRMS-Sox
Thimble Lot ID 1699534301

Toluene Reagent ID 265947

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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Eurofins/lestAmerica Knoxville Prep Batch Review Checklist Batch #  3'St\  

Review Items N/A Yes No If No, why is data reportable? 

1. Were the samples extracted within the required / If No, NCM #: 

holding times? 

2. Are the final extracts free of water, precipitates, 
multiple phases, and for HRMS - color? 7 

3. Were all project specific requirements met? 1/ 

4. Were the correct start and completion dates 
entered into TALS? 

5. Are the spike IDs and volumes correct in TALS for 
the method? 

6. Does the prep batch paperwork package contain 
all required documentation which has been 
properly and completely filled out, including: 
• Extraction Benchsheet (Excel) 
• TALS Raw data worksheets 
• Batch Worksheets (ANLY) 
• Verify Protocol #'s (compare excel sheet to 

TALS) 
• Was the Excel Extraction Benchsheet and 

Prep Batch Review Checklist scanned and 
attached to batch in TALS?  

7. Did extracts go through GPC cleanup? Has the If Yes, NCM# 140-20617 

following nonconformance been associated with V 
all extracts? 

8. Are all additional nonconformances documented 
appropriately and copy included with deliverable? If Yes, NCM#: 

Analyst: Date: /i1(c,fr5  
Comments: 

2nd Level Reviewer: Date:
/ I q  

Comments: 

lDO25R2O.doc 11/13/19 
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COVER PAGE

Lab Name:   Job Number: 

Client Sample ID Lab Sample ID

GENERAL CHEMISTRY

Project: San Jacinto River Waste Pits Superfund

SDG No.:  

140-17578-1Eurofins TestAmerica, Knoxville

140-17578-1 11187072-120419-SS-SJSSA08(0-1)
140-17578-2 11187072-120419-SS-SJSSA08(1-2)
140-17578-3 11187072-120419-SS-SJSSA08(2-4)
140-17578-4 11187072-120419-SS-SJSSA08(4-6)
140-17578-5 11187072-120619-SS-SJSSA03(0-1)
140-17578-6 11187072-120619-SS-SJSSA03(1-2)
140-17578-7 11187072-120619-SS-SJSSA03(2-4)
140-17578-8 11187072-120619-SS-SJSSA03(4-6)
140-17578-9 11187072-120619-SS-SJSSA06(0-1)
140-17578-10 11187072-120619-SS-SJSSA06(1-2)
140-17578-11 11187072-120619-SS-SJSSA06(2-4)
140-17578-12 11187072-120619-SS-SJSSA06(4-6)
140-17578-13 11187072-120619-SS-DUP1
140-17578-14 11187072-120719-SS-SJSSA02(2-4)
140-17578-15 11187072-120719-SS-SJSSA02(4-6)
140-17578-16 11187072-120719-SS-SJSSA02(0-1)
140-17578-17 11187072-120719-SS-SJSSA02(1-2)

Comments:
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9-IN

Instrument ID: NOEQUIP

140-17578-1Job Number:

SedimentMatrix:

SDG Number:

Lab Name:

GENERAL CHEMISTRY

Eurofins TestAmerica, Knoxville

DETECTION LIMITS

01/01/2015 16:10Method: Moisture RL Date:

Analyte Wavelength/
Mass

RL
(%)

Percent Moisture 0.1
Percent Solids 0.1

FORM IX - IN
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Lab Name:   

Instrument ID: Analysis Method:

Start Date: End Date:12/11/2019  15:11 12/11/2019  15:11

13-IN
ANALYSIS RUN LOG
GENERAL CHEMISTRY

Job No.: 140-17578-1

SDG No.:

Eurofins TestAmerica, Knoxville

NOEQUIP Moisture

Analytes

TimeD/FLab Sample Id
%
S
o
l

M
o
i
s
t

T
y
p
e

X X15:111140-17578-1 T
X X15:111140-17578-2 T
X X15:111140-17578-3 T
X X15:111140-17578-4 T
X X15:111140-17578-5 T
X X15:111140-17578-6 T
X X15:111140-17578-7 T
X X15:111140-17578-8 T
X X15:111140-17578-9 T
X X15:111140-17578-10 T
X X15:111140-17578-11 T
X X15:111140-17578-12 T
X X15:111140-17578-13 T
X X15:111140-17578-14 T
X X15:111140-17578-15 T
X X15:111140-17578-16 T
X X15:111140-17578-17 T
X X15:111140-17578-1 DU T

Prep Types:
Total/NAT =

FORM XIII-IN
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Lab Name: Job No.:

SDG No.:

GENERAL CHEMISTRY BATCH WORKSHEET

140-17578-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Dameron, Bryan K

12/12/19  10:15

12/11/19  15:1136008

Batch Method:

Eurofins TestAmerica, Knoxville

Moisture

Lab Sample ID Client Sample ID Method Chain Basis DishWeight SampleMassWet SampleMassDry

11187072-120419-
SS-SJSSA08(0-1)

0.77 g 7.55 g 5.943 gMoisture T140-17578-A-1

11187072-120419-
SS-SJSSA08(1-2)

0.80 g 6.21 g 4.452 gMoisture T140-17578-A-2

11187072-120419-
SS-SJSSA08(2-4)

0.79 g 7.47 g 4.642 gMoisture T140-17578-A-3

11187072-120419-
SS-SJSSA08(4-6)

0.78 g 7.28 g 5.338 gMoisture T140-17578-A-4

11187072-120619-
SS-SJSSA03(0-1)

0.78 g 7.36 g 4.877 gMoisture T140-17578-A-5

11187072-120619-
SS-SJSSA03(1-2)

0.83 g 7.79 g 5.828 gMoisture T140-17578-A-6

11187072-120619-
SS-SJSSA03(2-4)

0.80 g 7.02 g 5.567 gMoisture T140-17578-A-7

11187072-120619-
SS-SJSSA03(4-6)

0.80 g 7.54 g 5.367 gMoisture T140-17578-A-8

11187072-120619-
SS-SJSSA06(0-1)

0.76 g 7.15 g 6.099 gMoisture T140-17578-A-9

11187072-120619-
SS-SJSSA06(1-2)

0.83 g 6.58 g 5.980 gMoisture T140-17578-A-10

11187072-120619-
SS-SJSSA06(2-4)

0.81 g 6.46 g 5.474 gMoisture T140-17578-A-11

11187072-120619-
SS-SJSSA06(4-6)

0.80 g 8.58 g 5.540 gMoisture T140-17578-A-12

11187072-120619-
SS-DUP1

0.82 g 8.55 g 5.072 gMoisture T140-17578-A-13

11187072-120719-
SS-SJSSA02(2-4)

0.79 g 7.02 g 5.522 gMoisture T140-17578-A-14

11187072-120719-
SS-SJSSA02(4-6)

0.78 g 7.07 g 5.796 gMoisture T140-17578-A-15

11187072-120719-
SS-SJSSA02(0-1)

0.80 g 8.24 g 6.094 gMoisture T140-17578-A-16

11187072-120719-
SS-SJSSA02(1-2)

0.81 g 7.28 g 5.676 gMoisture T140-17578-A-17

11187072-120419-
SS-SJSSA08(0-1)

0.79 g 8.28 g 6.787 gMoisture T140-17578-A-1 
DU

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.

Page 1 of 2Moisture
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Lab Name: Job No.:

SDG No.:

GENERAL CHEMISTRY BATCH WORKSHEET

140-17578-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Dameron, Bryan K

12/12/19  10:15

12/11/19  15:1136008

Batch Method:

Eurofins TestAmerica, Knoxville

Moisture

Batch Notes

Balance ID S1

Date samples were placed in the oven 12/11/2019

Oven Temp In 104 Degrees C

Time samples were place in the oven 15:42

Date samples were removed from oven 12/12/2019

Oven Temp Out 104 Degrees C

Time Samples were removed from oven 09:15

Oven ID 023

Thermometer ID 023

Temperature - Start - Uncorrected 104 Degrees C

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.

Page 2 of 2Moisture
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ANALYTICAL REPORT

Job Number: 320-56911-1

Job Description: San Jacinto River Waste Pits Superfund

For:
GHD Services Inc.

5551 Corporate Boulevard
Suite 200

Baton Rouge, LA  70808

Attention:  Janie Smith

_____________________________________________

Approved for release.
Carrie L Gamber
Senior Project Manager
12/20/2019 8:55 AM

Carrie L Gamber, Senior Project Manager
301 Alpha Drive, Pittsburgh, PA, 15238

(412)963-2428       
carrie.gamber@testamericainc.com

12/20/2019  

The test results in this report meet all NELAP requirements for parameters for which accreditation is required or available.  Any exceptions to the
NELAP requirements are noted in this report.  Pursuant to NELAP, this report may not be reproduced, except in full, without the written approval of the
laboratory.  This report is confidential and is intended for the sole use of TestAmerica and its client. All questions regarding this report should be
directed to the TestAmerica Project Manager or designee who has signed this report.

The test results in this report relate only to the samples as received by the laboratory and will meet all requirements of the methodology, with any
exceptions noted. This report shall not be reproduced except in full, without the express written approval of the laboratory. All questions should be
directed to the Eurofins TestAmerica Project Manager.

This report has been electronically signed and authorized by the signatory.  Electronic signature is intended to be the legally binding equivalent of a
traditionally handwritten signature.

Eurofins TestAmerica, Sacramento

880 Riverside Parkway, West Sacramento, CA  95605

Tel (916) 373-5600  Fax (916) 372-1059 www.testamericainc.com
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Definitions/Glossary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Qualifiers

Dioxin
Qualifier Description

* Isotope Dilution analyte  is outside acceptance limits.
Qualifier

B Compound was found in the blank and sample.
J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.
q The reported result is the estimated maximum possible concentration of this analyte, quantitated using the theoretical ion ratio. The 

measured ion ratio does not meet qualitative identification criteria and indicates a possible interference.

Glossary
These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis
Abbreviation

%R Percent Recovery
CFL Contains Free Liquid
CNF Contains No Free Liquid
DER Duplicate Error Ratio (normalized absolute difference)
Dil Fac Dilution Factor
DL Detection Limit (DoD/DOE)
DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample
DLC Decision Level Concentration (Radiochemistry)
EDL Estimated Detection Limit (Dioxin)
LOD Limit of Detection (DoD/DOE)
LOQ Limit of Quantitation (DoD/DOE)
MDA Minimum Detectable Activity (Radiochemistry)
MDC Minimum Detectable Concentration (Radiochemistry)
MDL Method Detection Limit
ML Minimum Level (Dioxin)
NC Not Calculated
ND Not Detected at the reporting limit (or MDL or EDL if shown)
PQL Practical Quantitation Limit
QC Quality Control
RER Relative Error Ratio (Radiochemistry)
RL Reporting Limit or Requested Limit (Radiochemistry)
RPD Relative Percent Difference, a measure of the relative difference between two points
TEF Toxicity Equivalent Factor (Dioxin)
TEQ Toxicity Equivalent Quotient (Dioxin)

Eurofins TestAmerica, Sacramento
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CASE NARRATIVE

Client: GHD Services Inc.

Project: San Jacinto River Waste Pits Superfund

Report Number: 320-56911-1

With the exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no 
problems were encountered or anomalies observed.  In addition all laboratory quality control samples were within established control 
limits, with any exceptions noted below.  Each sample was analyzed to achieve the lowest possible reporting limit within the constraints of 
the method.  In some cases, due to interference or analytes present at high concentrations, samples were diluted.  For diluted samples, 
the reporting limits are adjusted relative to the dilution required.

Calculations are performed before rounding to avoid round-off errors in calculated results.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the 
individual sections below.

RECEIPT
The samples were received on 12/10/2019; the samples arrived in good condition, properly preserved and on ice.  The temperature of the 
coolers at receipt was 2.9 C.

NOTE:  Results for non-detect PCDD/PCDF analytes are reported using the Estimated Detection Limit (EDL) convention, which provides 
the lowest possible detection limits for each analyte in each sample based on the magnitude of chromatographic and detector ‘noise’ at 
the expected retention time of each analyte.  EDL values are typically well below 1 pg/g, and the TEQ-weighted sum of EDL values is 
below the targeted action limit of 30 pg/g in each reported sample.

DIOXINS
EPA Method 1613B specifies a +/- 15 second retention time difference between the recovery standard in the initial calibration (ICAL) and 
the continuing calibration verification (CCV).  The 13C-1,2,3,4-TCDD and 13C-1,2,3,7,8,9-HxCDD associated with the following samples 
run on instrument 10D5 exceeded this criteria: 11187072-120819-BN-SJSSA09 (2-4) (320-56911-7), 11187072-120819-BN-SJSSA09 
(4-6) (320-56911-8), 11187072-120819-BN-SJSSA05 (0-1) (320-56911-9), 11187072-120819-BN-SJSSA05 (1-2) (320-56911-10), 
11187072-120819-BN-SJSSA05 (2-4) (320-56911-11), 11187072-120819-BN-SJSSA05 (4-6) (320-56911-12), 
11187072-120819-BN-DUP2 (320-56911-13) and (CCV 320-345335/2).  This retention time shift is due to normal and reasonable column 
maintenance and does not affect the instrument chromatography resolution, sensitivity, or identification of target analytes.  System 
retention times have been updated for proper analyte identification.

EPA Method 1613B specifies a +/- 15 second retention time difference between the recovery standard in the initial calibration (ICAL) and 
the continuing calibration verification (CCV).  The 13C-1,2,3,4-TCDD and 13C-1,2,3,7,8,9-HxCDD associated with the following samples 
run on instrument DFS 1 exceeded this criteria: 11187072-120719-SS-SJSSA01 (0-1) (320-56911-1), 11187072-120719-SS-SJSSA01 
(1-2) (320-56911-2), 11187072-120719-SS-SJSSA01 (2-4) (320-56911-3), 11187072-120719-SS-SJSSA01 (4-6) (320-56911-4), 
11187072-120819-BN-SJSSA09 (0-1) (320-56911-5), 11187072-120819-BN-SJSSA09 (1-2) (320-56911-6), (CCV 320-345338/2), (LCS 
320-344634/2-A), (LCSD 320-344634/3-A) and (MB 320-344634/1-A).  This retention time shift is due to normal and reasonable column 
maintenance and does not affect the instrument chromatography resolution, sensitivity, or identification of target analytes.  System 
retention times have been updated for proper analyte identification.

Several analytes were detected in method blank MB 320-344634/1-A at levels that were above the method detection limit but below the 
reporting limit.  The values should be considered estimates, and have been flagged.  If the associated sample reported a result above the 
MDL and/or RL, the result has been flagged.  

PERCENT SOLIDS
No analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.
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Detection Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA01 (0-1) Lab Sample ID: 320-56911-1

☼2,3,7,8-TCDD
RL

2.2 pg/g
EDL

0.37
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA18.6 1613B
☼1,2,3,7,8-PeCDD 11 pg/g0.28 Total/NA10.48 J q 1613B
☼1,2,3,7,8-PeCDF 11 pg/g0.17 Total/NA11.1 J 1613B
☼2,3,4,7,8-PeCDF 11 pg/g0.18 Total/NA10.75 J 1613B
☼1,2,3,4,7,8-HxCDD 11 pg/g0.28 Total/NA11.0 J 1613B
☼1,2,3,6,7,8-HxCDD 11 pg/g0.29 Total/NA11.5 J q B 1613B
☼1,2,3,7,8,9-HxCDD 11 pg/g0.27 Total/NA13.2 J 1613B
☼1,2,3,4,7,8-HxCDF 11 pg/g0.19 Total/NA11.8 J 1613B
☼1,2,3,6,7,8-HxCDF 11 pg/g0.18 Total/NA10.91 J 1613B
☼2,3,4,6,7,8-HxCDF 11 pg/g0.18 Total/NA10.55 J 1613B
☼1,2,3,4,6,7,8-HpCDD 11 pg/g1.0 Total/NA162 B 1613B
☼1,2,3,4,6,7,8-HpCDF 11 pg/g0.23 Total/NA16.6 J 1613B
☼1,2,3,4,7,8,9-HpCDF 11 pg/g0.20 Total/NA11.0 J 1613B
☼OCDD 22 pg/g2.9 Total/NA12400 B 1613B
☼OCDF 22 pg/g0.30 Total/NA148 B 1613B
☼Total TCDD 2.2 pg/g0.37 Total/NA114 1613B
☼Total TCDF 2.2 pg/g0.31 Total/NA138 1613B
☼Total PeCDD 11 pg/g0.28 Total/NA19.6 J q 1613B
☼Total PeCDF 11 pg/g0.18 Total/NA14.0 J 1613B
☼Total HxCDD 11 pg/g0.28 Total/NA149 q B 1613B
☼Total HxCDF 11 pg/g0.18 Total/NA17.4 J 1613B
☼Total HpCDD 11 pg/g1.0 Total/NA1210 B 1613B
☼Total HpCDF 11 pg/g0.21 Total/NA117 B 1613B
☼2,3,7,8-TCDF - RA 2.2 pg/g0.48 Total/NA127 1613B

Client Sample ID: 11187072-120719-SS-SJSSA01 (1-2) Lab Sample ID: 320-56911-2

☼2,3,7,8-TCDD
RL

1.7 pg/g
EDL

0.33
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA17.0 1613B
☼1,2,3,7,8-PeCDF 8.6 pg/g0.13 Total/NA10.74 J q 1613B
☼1,2,3,4,7,8-HxCDD 8.6 pg/g0.26 Total/NA10.65 J q 1613B
☼1,2,3,6,7,8-HxCDD 8.6 pg/g0.28 Total/NA10.96 J q B 1613B
☼1,2,3,7,8,9-HxCDD 8.6 pg/g0.25 Total/NA12.4 J 1613B
☼1,2,3,4,7,8-HxCDF 8.6 pg/g0.14 Total/NA10.79 J q 1613B
☼1,2,3,6,7,8-HxCDF 8.6 pg/g0.13 Total/NA10.39 J 1613B
☼1,2,3,7,8,9-HxCDF 8.6 pg/g0.11 Total/NA10.41 J q 1613B
☼2,3,4,6,7,8-HxCDF 8.6 pg/g0.12 Total/NA10.20 J q 1613B
☼1,2,3,4,6,7,8-HpCDD 8.6 pg/g0.65 Total/NA141 B 1613B
☼1,2,3,4,6,7,8-HpCDF 8.6 pg/g0.23 Total/NA12.5 J 1613B
☼OCDD 17 pg/g1.8 Total/NA11100 B 1613B
☼OCDF 17 pg/g0.31 Total/NA123 B 1613B
☼Total TCDD 1.7 pg/g0.33 Total/NA111 1613B
☼Total TCDF 1.7 pg/g0.23 Total/NA131 q 1613B
☼Total PeCDD 8.6 pg/g0.32 Total/NA15.3 J 1613B
☼Total PeCDF 8.6 pg/g0.13 Total/NA11.5 J q 1613B
☼Total HxCDD 8.6 pg/g0.26 Total/NA141 q B 1613B
☼Total HxCDF 8.6 pg/g0.12 Total/NA13.5 J q 1613B
☼Total HpCDD 8.6 pg/g0.65 Total/NA1170 B 1613B
☼Total HpCDF 8.6 pg/g0.21 Total/NA17.4 J B 1613B
☼2,3,7,8-TCDF - RA 1.7 pg/g0.42 Total/NA121 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA01 (2-4) Lab Sample ID: 320-56911-3

☼2,3,7,8-TCDD
RL

1.9 pg/g
EDL

0.30
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA13.4 1613B
☼1,2,3,7,8-PeCDF 9.3 pg/g0.11 Total/NA10.44 J 1613B
☼1,2,3,4,7,8-HxCDD 9.3 pg/g0.25 Total/NA10.54 J 1613B
☼1,2,3,6,7,8-HxCDD 9.3 pg/g0.26 Total/NA10.62 J q B 1613B
☼1,2,3,7,8,9-HxCDD 9.3 pg/g0.24 Total/NA11.5 J 1613B
☼1,2,3,4,7,8-HxCDF 9.3 pg/g0.099 Total/NA10.25 J q 1613B
☼1,2,3,7,8,9-HxCDF 9.3 pg/g0.085 Total/NA10.20 J q 1613B
☼1,2,3,4,6,7,8-HpCDD 9.3 pg/g0.30 Total/NA116 B 1613B
☼1,2,3,4,6,7,8-HpCDF 9.3 pg/g0.15 Total/NA10.86 J 1613B
☼OCDD 19 pg/g0.73 Total/NA1330 B 1613B
☼OCDF 19 pg/g0.23 Total/NA14.5 J B 1613B
☼Total TCDD 1.9 pg/g0.30 Total/NA111 q 1613B
☼Total TCDF 1.9 pg/g0.17 Total/NA115 1613B
☼Total PeCDD 9.3 pg/g0.29 Total/NA16.6 J 1613B
☼Total PeCDF 9.3 pg/g0.12 Total/NA10.44 J 1613B
☼Total HxCDD 9.3 pg/g0.25 Total/NA127 q B 1613B
☼Total HxCDF 9.3 pg/g0.094 Total/NA10.45 J q 1613B
☼Total HpCDD 9.3 pg/g0.30 Total/NA163 B 1613B
☼Total HpCDF 9.3 pg/g0.14 Total/NA12.7 J B 1613B
☼2,3,7,8-TCDF - RA 1.9 pg/g1.5 Total/NA115 1613B

Client Sample ID: 11187072-120719-SS-SJSSA01 (4-6) Lab Sample ID: 320-56911-4

☼2,3,7,8-TCDD
RL

1.7 pg/g
EDL

0.32
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA112 1613B
☼1,2,3,7,8-PeCDF 8.7 pg/g0.15 Total/NA11.2 J 1613B
☼1,2,3,4,7,8-HxCDD 8.7 pg/g0.28 Total/NA10.81 J 1613B
☼1,2,3,6,7,8-HxCDD 8.7 pg/g0.29 Total/NA11.3 J B 1613B
☼1,2,3,7,8,9-HxCDD 8.7 pg/g0.27 Total/NA12.5 J 1613B
☼1,2,3,4,7,8-HxCDF 8.7 pg/g0.15 Total/NA11.7 J 1613B
☼1,2,3,6,7,8-HxCDF 8.7 pg/g0.14 Total/NA10.74 J 1613B
☼1,2,3,4,6,7,8-HpCDD 8.7 pg/g0.50 Total/NA145 B 1613B
☼1,2,3,4,6,7,8-HpCDF 8.7 pg/g0.17 Total/NA13.9 J 1613B
☼1,2,3,4,7,8,9-HpCDF 8.7 pg/g0.15 Total/NA10.65 J 1613B
☼OCDD 17 pg/g1.4 Total/NA11100 B 1613B
☼OCDF 17 pg/g0.22 Total/NA135 B 1613B
☼Total TCDD 1.7 pg/g0.32 Total/NA117 q 1613B
☼Total TCDF 1.7 pg/g0.28 Total/NA153 q 1613B
☼Total PeCDD 8.7 pg/g0.29 Total/NA110 q 1613B
☼Total PeCDF 8.7 pg/g0.16 Total/NA13.3 J q 1613B
☼Total HxCDD 8.7 pg/g0.28 Total/NA146 B 1613B
☼Total HxCDF 8.7 pg/g0.14 Total/NA15.5 J 1613B
☼Total HpCDD 8.7 pg/g0.50 Total/NA1160 B 1613B
☼Total HpCDF 8.7 pg/g0.16 Total/NA111 q B 1613B
☼2,3,7,8-TCDF - RA 1.7 pg/g0.37 Total/NA138 1613B

Client Sample ID: 11187072-120819-BN-SJSSA09 (0-1) Lab Sample ID: 320-56911-5

☼2,3,7,8-TCDD
RL

1.4 pg/g
EDL

0.19
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA13.0 1613B
☼1,2,3,7,8-PeCDF 7.0 pg/g0.084 Total/NA10.35 J q 1613B
☼1,2,3,6,7,8-HxCDD 7.0 pg/g0.093 Total/NA10.31 J B 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA09 (0-1) 
(Continued)

Lab Sample ID: 320-56911-5

☼1,2,3,7,8,9-HxCDD
RL

7.0 pg/g
EDL

0.084
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J0.34 1613B
☼1,2,3,4,7,8-HxCDF 7.0 pg/g0.077 Total/NA10.33 J 1613B
☼1,2,3,7,8,9-HxCDF 7.0 pg/g0.063 Total/NA10.13 J q 1613B
☼1,2,3,4,6,7,8-HpCDD 7.0 pg/g0.20 Total/NA17.4 B 1613B
☼1,2,3,4,6,7,8-HpCDF 7.0 pg/g0.098 Total/NA10.83 J 1613B
☼OCDD 14 pg/g0.56 Total/NA1300 B 1613B
☼OCDF 14 pg/g0.16 Total/NA14.4 J B 1613B
☼Total TCDD 1.4 pg/g0.19 Total/NA13.0 1613B
☼Total TCDF 1.4 pg/g0.15 Total/NA119 q 1613B
☼Total PeCDF 7.0 pg/g0.088 Total/NA10.76 J q 1613B
☼Total HxCDD 7.0 pg/g0.088 Total/NA13.3 J B 1613B
☼Total HxCDF 7.0 pg/g0.071 Total/NA10.83 J q 1613B
☼Total HpCDD 7.0 pg/g0.20 Total/NA127 B 1613B
☼Total HpCDF 7.0 pg/g0.093 Total/NA12.3 J B 1613B
☼2,3,7,8-TCDF - RA 1.4 pg/g0.27 Total/NA113 1613B

Client Sample ID: 11187072-120819-BN-SJSSA09 (1-2) Lab Sample ID: 320-56911-6

☼2,3,7,8-TCDD
RL

1.3 pg/g
EDL

0.19
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA14.4 1613B
☼1,2,3,7,8-PeCDF 6.5 pg/g0.075 Total/NA10.64 J 1613B
☼1,2,3,6,7,8-HxCDD 6.5 pg/g0.099 Total/NA10.50 J B 1613B
☼1,2,3,7,8,9-HxCDD 6.5 pg/g0.091 Total/NA10.58 J 1613B
☼1,2,3,4,7,8-HxCDF 6.5 pg/g0.079 Total/NA10.78 J 1613B
☼1,2,3,6,7,8-HxCDF 6.5 pg/g0.074 Total/NA10.32 J 1613B
☼1,2,3,7,8,9-HxCDF 6.5 pg/g0.067 Total/NA10.28 J 1613B
☼1,2,3,4,6,7,8-HpCDD 6.5 pg/g0.14 Total/NA16.2 J B 1613B
☼1,2,3,4,6,7,8-HpCDF 6.5 pg/g0.096 Total/NA11.2 J 1613B
☼1,2,3,4,7,8,9-HpCDF 6.5 pg/g0.086 Total/NA10.35 J q 1613B
☼OCDD 13 pg/g0.42 Total/NA1180 B 1613B
☼OCDF 13 pg/g0.15 Total/NA13.6 J B 1613B
☼Total TCDD 1.3 pg/g0.19 Total/NA14.4 1613B
☼Total TCDF 1.3 pg/g0.16 Total/NA129 q 1613B
☼Total PeCDF 6.5 pg/g0.077 Total/NA10.74 J 1613B
☼Total HxCDD 6.5 pg/g0.095 Total/NA14.3 J q B 1613B
☼Total HxCDF 6.5 pg/g0.073 Total/NA13.3 J 1613B
☼Total HpCDD 6.5 pg/g0.14 Total/NA118 B 1613B
☼Total HpCDF 6.5 pg/g0.091 Total/NA14.0 J q B 1613B
☼2,3,7,8-TCDF - RA 1.3 pg/g0.41 Total/NA120 1613B

Client Sample ID: 11187072-120819-BN-SJSSA09 (2-4) Lab Sample ID: 320-56911-7

☼2,3,7,8-TCDD
RL

1.3 pg/g
EDL

0.13
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA19.7 1613B
☼1,2,3,7,8-PeCDF 6.3 pg/g0.11 Total/NA11.2 J 1613B
☼2,3,4,7,8-PeCDF 6.3 pg/g0.11 Total/NA10.61 J 1613B
☼1,2,3,4,7,8-HxCDD 6.3 pg/g0.090 Total/NA10.24 J 1613B
☼1,2,3,6,7,8-HxCDD 6.3 pg/g0.091 Total/NA10.21 J B q 1613B
☼1,2,3,7,8,9-HxCDD 6.3 pg/g0.082 Total/NA10.44 J 1613B
☼1,2,3,4,7,8-HxCDF 6.3 pg/g0.13 Total/NA13.3 J 1613B
☼1,2,3,6,7,8-HxCDF 6.3 pg/g0.13 Total/NA10.82 J 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA09 (2-4) 
(Continued)

Lab Sample ID: 320-56911-7

☼1,2,3,7,8,9-HxCDF
RL

6.3 pg/g
EDL

0.10
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J0.46 1613B
☼1,2,3,4,6,7,8-HpCDD 6.3 pg/g0.15 Total/NA16.1 J B 1613B
☼1,2,3,4,6,7,8-HpCDF 6.3 pg/g0.068 Total/NA11.1 J 1613B
☼1,2,3,4,7,8,9-HpCDF 6.3 pg/g0.077 Total/NA10.56 J 1613B
☼OCDD 13 pg/g0.24 Total/NA1180 B 1613B
☼OCDF 13 pg/g0.10 Total/NA14.1 J B 1613B
☼Total TCDD 1.3 pg/g0.13 Total/NA111 q 1613B
☼Total TCDF 1.3 pg/g0.25 Total/NA168 1613B
☼Total PeCDF 6.3 pg/g0.11 Total/NA12.7 J q 1613B
☼Total HxCDD 6.3 pg/g0.088 Total/NA15.0 J B q 1613B
☼Total HxCDF 6.3 pg/g0.12 Total/NA14.6 J 1613B
☼Total HpCDD 6.3 pg/g0.15 Total/NA122 B 1613B
☼Total HpCDF 6.3 pg/g0.072 Total/NA12.5 J B 1613B
☼2,3,7,8-TCDF - RA 1.3 pg/g0.29 Total/NA144 1613B

Client Sample ID: 11187072-120819-BN-SJSSA09 (4-6) Lab Sample ID: 320-56911-8

☼2,3,7,8-TCDD
RL

1.3 pg/g
EDL

0.13
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA13.0 1613B
☼1,2,3,7,8-PeCDF 6.6 pg/g0.086 Total/NA10.40 J 1613B
☼1,2,3,4,7,8-HxCDD 6.6 pg/g0.084 Total/NA10.27 J q 1613B
☼1,2,3,6,7,8-HxCDD 6.6 pg/g0.087 Total/NA10.19 J B 1613B
☼1,2,3,7,8,9-HxCDD 6.6 pg/g0.077 Total/NA10.36 J 1613B
☼1,2,3,4,7,8-HxCDF 6.6 pg/g0.12 Total/NA10.64 J 1613B
☼1,2,3,6,7,8-HxCDF 6.6 pg/g0.12 Total/NA10.28 J 1613B
☼1,2,3,7,8,9-HxCDF 6.6 pg/g0.089 Total/NA10.23 J q 1613B
☼1,2,3,4,6,7,8-HpCDD 6.6 pg/g0.13 Total/NA15.5 J B 1613B
☼1,2,3,4,6,7,8-HpCDF 6.6 pg/g0.057 Total/NA11.1 J 1613B
☼1,2,3,4,7,8,9-HpCDF 6.6 pg/g0.061 Total/NA10.32 J 1613B
☼OCDD 13 pg/g0.19 Total/NA1130 B 1613B
☼OCDF 13 pg/g0.14 Total/NA17.3 J B 1613B
☼Total TCDD 1.3 pg/g0.13 Total/NA13.3 q 1613B
☼Total TCDF 1.3 pg/g0.12 Total/NA120 q 1613B
☼Total PeCDD 6.6 pg/g0.12 Total/NA10.14 J q 1613B
☼Total PeCDF 6.6 pg/g0.089 Total/NA10.40 J 1613B
☼Total HxCDD 6.6 pg/g0.083 Total/NA13.3 J B q 1613B
☼Total HxCDF 6.6 pg/g0.10 Total/NA11.2 J q 1613B
☼Total HpCDD 6.6 pg/g0.13 Total/NA116 B 1613B
☼Total HpCDF 6.6 pg/g0.059 Total/NA13.0 J B 1613B
☼2,3,7,8-TCDF - RA 1.3 pg/g0.43 Total/NA114 1613B

Client Sample ID: 11187072-120819-BN-SJSSA05 (0-1) Lab Sample ID: 320-56911-9

☼2,3,7,8-TCDD
RL

1.5 pg/g
EDL

0.23
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA118 1613B
☼1,2,3,7,8-PeCDF 7.7 pg/g0.15 Total/NA11.8 J 1613B
☼2,3,4,7,8-PeCDF 7.7 pg/g0.15 Total/NA11.0 J 1613B
☼1,2,3,4,7,8-HxCDD 7.7 pg/g0.11 Total/NA10.37 J 1613B
☼1,2,3,6,7,8-HxCDD 7.7 pg/g0.11 Total/NA10.56 J B 1613B
☼1,2,3,7,8,9-HxCDD 7.7 pg/g0.10 Total/NA11.4 J 1613B
☼1,2,3,4,7,8-HxCDF 7.7 pg/g0.14 Total/NA12.1 J 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA05 (0-1) 
(Continued)

Lab Sample ID: 320-56911-9

☼1,2,3,6,7,8-HxCDF
RL

7.7 pg/g
EDL

0.14
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J q0.49 1613B
☼1,2,3,4,6,7,8-HpCDD 7.7 pg/g0.27 Total/NA118 B 1613B
☼1,2,3,4,6,7,8-HpCDF 7.7 pg/g0.069 Total/NA11.5 J 1613B
☼1,2,3,4,7,8,9-HpCDF 7.7 pg/g0.076 Total/NA10.27 J q 1613B
☼OCDD 15 pg/g0.32 Total/NA1550 B 1613B
☼OCDF 15 pg/g0.11 Total/NA110 J B 1613B
☼Total TCDD 1.5 pg/g0.23 Total/NA122 q 1613B
☼Total TCDF 1.5 pg/g0.34 Total/NA1130 q 1613B
☼Total PeCDD 7.7 pg/g0.18 Total/NA13.3 J q 1613B
☼Total PeCDF 7.7 pg/g0.15 Total/NA14.5 J 1613B
☼Total HxCDD 7.7 pg/g0.11 Total/NA120 B q 1613B
☼Total HxCDF 7.7 pg/g0.12 Total/NA13.5 J q 1613B
☼Total HpCDD 7.7 pg/g0.27 Total/NA170 B 1613B
☼Total HpCDF 7.7 pg/g0.072 Total/NA13.7 J B q 1613B
☼2,3,7,8-TCDF - RA 1.5 pg/g0.38 Total/NA178 1613B

Client Sample ID: 11187072-120819-BN-SJSSA05 (1-2) Lab Sample ID: 320-56911-10

☼2,3,7,8-TCDD
RL

1.4 pg/g
EDL

0.13
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA11.5 1613B
☼1,2,3,7,8-PeCDF 6.8 pg/g0.091 Total/NA10.33 J 1613B
☼1,2,3,4,7,8-HxCDD 6.8 pg/g0.083 Total/NA10.36 J 1613B
☼1,2,3,6,7,8-HxCDD 6.8 pg/g0.083 Total/NA10.29 J B q 1613B
☼1,2,3,7,8,9-HxCDD 6.8 pg/g0.075 Total/NA10.71 J 1613B
☼1,2,3,4,7,8-HxCDF 6.8 pg/g0.089 Total/NA10.26 J 1613B
☼1,2,3,7,8,9-HxCDF 6.8 pg/g0.065 Total/NA10.31 J 1613B
☼1,2,3,4,6,7,8-HpCDD 6.8 pg/g0.14 Total/NA18.0 B 1613B
☼1,2,3,4,6,7,8-HpCDF 6.8 pg/g0.057 Total/NA10.49 J 1613B
☼1,2,3,4,7,8,9-HpCDF 6.8 pg/g0.061 Total/NA10.23 J 1613B
☼OCDD 14 pg/g0.22 Total/NA1190 B 1613B
☼OCDF 14 pg/g0.13 Total/NA13.4 J B 1613B
☼Total TCDD 1.4 pg/g0.13 Total/NA14.0 q 1613B
☼Total TCDF 1.4 pg/g0.12 Total/NA19.1 q 1613B
☼Total PeCDD 6.8 pg/g0.15 Total/NA12.4 J q 1613B
☼Total PeCDF 6.8 pg/g0.093 Total/NA10.33 J 1613B
☼Total HxCDD 6.8 pg/g0.080 Total/NA111 B q 1613B
☼Total HxCDF 6.8 pg/g0.079 Total/NA10.57 J 1613B
☼Total HpCDD 6.8 pg/g0.14 Total/NA129 B 1613B
☼Total HpCDF 6.8 pg/g0.059 Total/NA11.4 J B 1613B
☼2,3,7,8-TCDF - RA 1.4 pg/g0.21 Total/NA16.0 1613B

Client Sample ID: 11187072-120819-BN-SJSSA05 (2-4) Lab Sample ID: 320-56911-11

☼2,3,7,8-TCDD
RL

1.3 pg/g
EDL

0.15
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J q0.76 1613B
☼1,2,3,7,8-PeCDF 6.5 pg/g0.10 Total/NA10.24 J 1613B
☼1,2,3,4,7,8-HxCDD 6.5 pg/g0.11 Total/NA10.31 J q 1613B
☼1,2,3,6,7,8-HxCDD 6.5 pg/g0.11 Total/NA10.41 J B 1613B
☼1,2,3,7,8,9-HxCDD 6.5 pg/g0.10 Total/NA10.76 J 1613B
☼1,2,3,4,7,8-HxCDF 6.5 pg/g0.12 Total/NA10.21 J q 1613B
☼1,2,3,7,8,9-HxCDF 6.5 pg/g0.089 Total/NA10.20 J q 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA05 (2-4) 
(Continued)

Lab Sample ID: 320-56911-11

☼1,2,3,4,6,7,8-HpCDD
RL

6.5 pg/g
EDL

0.14
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1B7.2 1613B
☼1,2,3,4,6,7,8-HpCDF 6.5 pg/g0.055 Total/NA10.63 J 1613B
☼1,2,3,4,7,8,9-HpCDF 6.5 pg/g0.061 Total/NA10.39 J 1613B
☼OCDD 13 pg/g0.19 Total/NA1140 B 1613B
☼OCDF 13 pg/g0.10 Total/NA14.3 J B 1613B
☼Total TCDD 1.3 pg/g0.15 Total/NA14.1 q 1613B
☼Total TCDF 1.3 pg/g0.087 Total/NA14.1 1613B
☼Total PeCDD 6.5 pg/g0.13 Total/NA13.3 J q 1613B
☼Total PeCDF 6.5 pg/g0.10 Total/NA10.24 J 1613B
☼Total HxCDD 6.5 pg/g0.11 Total/NA112 B q 1613B
☼Total HxCDF 6.5 pg/g0.11 Total/NA10.41 J q 1613B
☼Total HpCDD 6.5 pg/g0.14 Total/NA125 B 1613B
☼Total HpCDF 6.5 pg/g0.058 Total/NA11.9 J B 1613B
☼2,3,7,8-TCDF - RA 1.3 pg/g0.20 Total/NA12.9 1613B

Client Sample ID: 11187072-120819-BN-SJSSA05 (4-6) Lab Sample ID: 320-56911-12

☼2,3,7,8-TCDD
RL

1.4 pg/g
EDL

0.16
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J q1.3 1613B
☼1,2,3,7,8-PeCDF 7.1 pg/g0.13 Total/NA10.27 J 1613B
☼1,2,3,4,7,8-HxCDD 7.1 pg/g0.10 Total/NA10.29 J q 1613B
☼1,2,3,6,7,8-HxCDD 7.1 pg/g0.11 Total/NA10.31 J B 1613B
☼1,2,3,7,8,9-HxCDD 7.1 pg/g0.098 Total/NA10.54 J 1613B
☼1,2,3,7,8,9-HxCDF 7.1 pg/g0.096 Total/NA10.18 J q 1613B
☼1,2,3,4,6,7,8-HpCDD 7.1 pg/g0.17 Total/NA16.6 J B 1613B
☼1,2,3,4,6,7,8-HpCDF 7.1 pg/g0.065 Total/NA10.43 J 1613B
☼OCDD 14 pg/g0.20 Total/NA1160 B 1613B
☼OCDF 14 pg/g0.13 Total/NA12.4 J B 1613B
☼Total TCDD 1.4 pg/g0.16 Total/NA14.5 q 1613B
☼Total TCDF 1.4 pg/g0.13 Total/NA16.4 1613B
☼Total PeCDD 7.1 pg/g0.20 Total/NA13.0 J 1613B
☼Total PeCDF 7.1 pg/g0.13 Total/NA10.27 J 1613B
☼Total HxCDD 7.1 pg/g0.10 Total/NA110 B q 1613B
☼Total HxCDF 7.1 pg/g0.12 Total/NA10.18 J q 1613B
☼Total HpCDD 7.1 pg/g0.17 Total/NA124 B 1613B
☼Total HpCDF 7.1 pg/g0.068 Total/NA11.0 J B 1613B
☼2,3,7,8-TCDF - RA 1.4 pg/g0.21 Total/NA14.5 1613B

Client Sample ID: 11187072-120819-BN-DUP2 Lab Sample ID: 320-56911-13

☼2,3,7,8-TCDD
RL

1.3 pg/g
EDL

0.18
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA12.7 1613B
☼1,2,3,7,8-PeCDF 6.5 pg/g0.090 Total/NA10.38 J 1613B
☼1,2,3,4,7,8-HxCDD 6.5 pg/g0.098 Total/NA10.45 J 1613B
☼1,2,3,6,7,8-HxCDD 6.5 pg/g0.11 Total/NA10.38 J B 1613B
☼1,2,3,7,8,9-HxCDD 6.5 pg/g0.091 Total/NA11.1 J 1613B
☼1,2,3,4,7,8-HxCDF 6.5 pg/g0.11 Total/NA10.28 J 1613B
☼1,2,3,7,8,9-HxCDF 6.5 pg/g0.081 Total/NA10.17 J q 1613B
☼1,2,3,4,6,7,8-HpCDD 6.5 pg/g0.25 Total/NA115 B 1613B
☼1,2,3,4,6,7,8-HpCDF 6.5 pg/g0.065 Total/NA10.77 J 1613B
☼OCDD 13 pg/g0.34 Total/NA1380 B 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-DUP2 (Continued) Lab Sample ID: 320-56911-13

☼OCDF
RL

13 pg/g
EDL

0.12
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J B4.4 1613B
☼Total TCDD 1.3 pg/g0.18 Total/NA114 q 1613B
☼Total TCDF 1.3 pg/g0.12 Total/NA116 q 1613B
☼Total PeCDD 6.5 pg/g0.16 Total/NA17.6 q 1613B
☼Total PeCDF 6.5 pg/g0.088 Total/NA10.85 J 1613B
☼Total HxCDD 6.5 pg/g0.098 Total/NA128 B q 1613B
☼Total HxCDF 6.5 pg/g0.099 Total/NA10.45 J q 1613B
☼Total HpCDD 6.5 pg/g0.25 Total/NA165 B 1613B
☼Total HpCDF 6.5 pg/g0.066 Total/NA11.8 J B 1613B
☼2,3,7,8-TCDF - RA 1.3 pg/g0.19 Total/NA19.9 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-1Client Sample ID: 11187072-120719-SS-SJSSA01 (0-1)
Matrix: SedimentDate Collected: 12/07/19 15:10

Percent Solids: 45.2Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 8.6 2.2 0.37 pg/g ☼ 12/11/19 08:20 12/13/19 17:23 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

11 0.28 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,7,8-PeCDD 0.48 J q

11 0.17 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,7,8-PeCDF 1.1 J

11 0.18 pg/g 12/11/19 08:20 12/13/19 17:23 1☼2,3,4,7,8-PeCDF 0.75 J

11 0.28 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,4,7,8-HxCDD 1.0 J

11 0.29 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,6,7,8-HxCDD 1.5 J q B

11 0.27 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,7,8,9-HxCDD 3.2 J

11 0.19 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,4,7,8-HxCDF 1.8 J

11 0.18 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,6,7,8-HxCDF 0.91 J

11 0.15 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,7,8,9-HxCDF ND
11 0.18 pg/g 12/11/19 08:20 12/13/19 17:23 1☼2,3,4,6,7,8-HxCDF 0.55 J

11 1.0 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,4,6,7,8-HpCDD 62 B

11 0.23 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,4,6,7,8-HpCDF 6.6 J

11 0.20 pg/g 12/11/19 08:20 12/13/19 17:23 1☼1,2,3,4,7,8,9-HpCDF 1.0 J

22 2.9 pg/g 12/11/19 08:20 12/13/19 17:23 1☼OCDD 2400 B

22 0.30 pg/g 12/11/19 08:20 12/13/19 17:23 1☼OCDF 48 B

2.2 0.37 pg/g 12/11/19 08:20 12/13/19 17:23 1☼Total TCDD 14

2.2 0.31 pg/g 12/11/19 08:20 12/13/19 17:23 1☼Total TCDF 38

11 0.28 pg/g 12/11/19 08:20 12/13/19 17:23 1☼Total PeCDD 9.6 J q

11 0.18 pg/g 12/11/19 08:20 12/13/19 17:23 1☼Total PeCDF 4.0 J

11 0.28 pg/g 12/11/19 08:20 12/13/19 17:23 1☼Total HxCDD 49 q B

11 0.18 pg/g 12/11/19 08:20 12/13/19 17:23 1☼Total HxCDF 7.4 J

11 1.0 pg/g 12/11/19 08:20 12/13/19 17:23 1☼Total HpCDD 210 B

11 0.21 pg/g 12/11/19 08:20 12/13/19 17:23 1☼Total HpCDF 17 B

13C-2,3,7,8-TCDD 58 25 - 164 12/11/19 08:20 12/13/19 17:23 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 52 12/11/19 08:20 12/13/19 17:23 124 - 169

13C-1,2,3,7,8-PeCDD 54 12/11/19 08:20 12/13/19 17:23 125 - 181

13C-1,2,3,7,8-PeCDF 53 12/11/19 08:20 12/13/19 17:23 124 - 185

13C-2,3,4,7,8-PeCDF 57 12/11/19 08:20 12/13/19 17:23 121 - 178

13C-1,2,3,4,7,8-HxCDD 59 12/11/19 08:20 12/13/19 17:23 132 - 141

13C-1,2,3,6,7,8-HxCDD 57 12/11/19 08:20 12/13/19 17:23 128 - 130

13C-1,2,3,4,7,8-HxCDF 52 12/11/19 08:20 12/13/19 17:23 126 - 152

13C-1,2,3,6,7,8-HxCDF 50 12/11/19 08:20 12/13/19 17:23 126 - 123

13C-1,2,3,7,8,9-HxCDF 48 12/11/19 08:20 12/13/19 17:23 129 - 147

13C-2,3,4,6,7,8-HxCDF 46 12/11/19 08:20 12/13/19 17:23 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 50 12/11/19 08:20 12/13/19 17:23 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 44 12/11/19 08:20 12/13/19 17:23 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 54 12/11/19 08:20 12/13/19 17:23 126 - 138

13C-OCDD 55 12/11/19 08:20 12/13/19 17:23 117 - 157

37Cl4-2,3,7,8-TCDD 92 35 - 197 12/11/19 08:20 12/13/19 17:23 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 27 2.2 0.48 pg/g ☼ 12/11/19 08:20 12/17/19 16:06 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 54 24 - 169 12/11/19 08:20 12/17/19 16:06 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Sacramento
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-1Client Sample ID: 11187072-120719-SS-SJSSA01 (0-1)
Matrix: SedimentDate Collected: 12/07/19 15:10

Percent Solids: 45.2Date Received: 12/10/19 09:20

37Cl4-2,3,7,8-TCDD 95 35 - 197 12/11/19 08:20 12/17/19 16:06 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56911-2Client Sample ID: 11187072-120719-SS-SJSSA01 (1-2)
Matrix: SedimentDate Collected: 12/07/19 15:15

Percent Solids: 57.4Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 7.0 1.7 0.33 pg/g ☼ 12/11/19 08:20 12/13/19 18:11 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

8.6 0.32 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,7,8-PeCDD ND
8.6 0.13 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,7,8-PeCDF 0.74 J q

8.6 0.14 pg/g 12/11/19 08:20 12/13/19 18:11 1☼2,3,4,7,8-PeCDF ND
8.6 0.26 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,4,7,8-HxCDD 0.65 J q

8.6 0.28 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,6,7,8-HxCDD 0.96 J q B

8.6 0.25 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,7,8,9-HxCDD 2.4 J

8.6 0.14 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,4,7,8-HxCDF 0.79 J q

8.6 0.13 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,6,7,8-HxCDF 0.39 J

8.6 0.11 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,7,8,9-HxCDF 0.41 J q

8.6 0.12 pg/g 12/11/19 08:20 12/13/19 18:11 1☼2,3,4,6,7,8-HxCDF 0.20 J q

8.6 0.65 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,4,6,7,8-HpCDD 41 B

8.6 0.23 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,4,6,7,8-HpCDF 2.5 J

8.6 0.19 pg/g 12/11/19 08:20 12/13/19 18:11 1☼1,2,3,4,7,8,9-HpCDF ND
17 1.8 pg/g 12/11/19 08:20 12/13/19 18:11 1☼OCDD 1100 B

17 0.31 pg/g 12/11/19 08:20 12/13/19 18:11 1☼OCDF 23 B

1.7 0.33 pg/g 12/11/19 08:20 12/13/19 18:11 1☼Total TCDD 11

1.7 0.23 pg/g 12/11/19 08:20 12/13/19 18:11 1☼Total TCDF 31 q

8.6 0.32 pg/g 12/11/19 08:20 12/13/19 18:11 1☼Total PeCDD 5.3 J

8.6 0.13 pg/g 12/11/19 08:20 12/13/19 18:11 1☼Total PeCDF 1.5 J q

8.6 0.26 pg/g 12/11/19 08:20 12/13/19 18:11 1☼Total HxCDD 41 q B

8.6 0.12 pg/g 12/11/19 08:20 12/13/19 18:11 1☼Total HxCDF 3.5 J q

8.6 0.65 pg/g 12/11/19 08:20 12/13/19 18:11 1☼Total HpCDD 170 B

8.6 0.21 pg/g 12/11/19 08:20 12/13/19 18:11 1☼Total HpCDF 7.4 J B

13C-2,3,7,8-TCDD 55 25 - 164 12/11/19 08:20 12/13/19 18:11 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 49 12/11/19 08:20 12/13/19 18:11 124 - 169

13C-1,2,3,7,8-PeCDD 51 12/11/19 08:20 12/13/19 18:11 125 - 181

13C-1,2,3,7,8-PeCDF 50 12/11/19 08:20 12/13/19 18:11 124 - 185

13C-2,3,4,7,8-PeCDF 53 12/11/19 08:20 12/13/19 18:11 121 - 178

13C-1,2,3,4,7,8-HxCDD 55 12/11/19 08:20 12/13/19 18:11 132 - 141

13C-1,2,3,6,7,8-HxCDD 55 12/11/19 08:20 12/13/19 18:11 128 - 130

13C-1,2,3,4,7,8-HxCDF 48 12/11/19 08:20 12/13/19 18:11 126 - 152

13C-1,2,3,6,7,8-HxCDF 49 12/11/19 08:20 12/13/19 18:11 126 - 123

13C-1,2,3,7,8,9-HxCDF 46 12/11/19 08:20 12/13/19 18:11 129 - 147

13C-2,3,4,6,7,8-HxCDF 45 12/11/19 08:20 12/13/19 18:11 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 48 12/11/19 08:20 12/13/19 18:11 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 42 12/11/19 08:20 12/13/19 18:11 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 51 12/11/19 08:20 12/13/19 18:11 126 - 138

13C-OCDD 50 12/11/19 08:20 12/13/19 18:11 117 - 157

Eurofins TestAmerica, Sacramento
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-2Client Sample ID: 11187072-120719-SS-SJSSA01 (1-2)
Matrix: SedimentDate Collected: 12/07/19 15:15

Percent Solids: 57.4Date Received: 12/10/19 09:20

37Cl4-2,3,7,8-TCDD 94 35 - 197 12/11/19 08:20 12/13/19 18:11 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 21 1.7 0.42 pg/g ☼ 12/11/19 08:20 12/17/19 16:44 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 56 24 - 169 12/11/19 08:20 12/17/19 16:44 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 107 35 - 197 12/11/19 08:20 12/17/19 16:44 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56911-3Client Sample ID: 11187072-120719-SS-SJSSA01 (2-4)
Matrix: SedimentDate Collected: 12/07/19 15:20

Percent Solids: 53.6Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 3.4 1.9 0.30 pg/g ☼ 12/11/19 08:20 12/13/19 18:59 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

9.3 0.29 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,7,8-PeCDD ND
9.3 0.11 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,7,8-PeCDF 0.44 J

9.3 0.12 pg/g 12/11/19 08:20 12/13/19 18:59 1☼2,3,4,7,8-PeCDF ND
9.3 0.25 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,4,7,8-HxCDD 0.54 J

9.3 0.26 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,6,7,8-HxCDD 0.62 J q B

9.3 0.24 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,7,8,9-HxCDD 1.5 J

9.3 0.099 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,4,7,8-HxCDF 0.25 J q

9.3 0.096 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,6,7,8-HxCDF ND
9.3 0.085 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,7,8,9-HxCDF 0.20 J q

9.3 0.095 pg/g 12/11/19 08:20 12/13/19 18:59 1☼2,3,4,6,7,8-HxCDF ND
9.3 0.30 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,4,6,7,8-HpCDD 16 B

9.3 0.15 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,4,6,7,8-HpCDF 0.86 J

9.3 0.14 pg/g 12/11/19 08:20 12/13/19 18:59 1☼1,2,3,4,7,8,9-HpCDF ND
19 0.73 pg/g 12/11/19 08:20 12/13/19 18:59 1☼OCDD 330 B

19 0.23 pg/g 12/11/19 08:20 12/13/19 18:59 1☼OCDF 4.5 J B

1.9 0.30 pg/g 12/11/19 08:20 12/13/19 18:59 1☼Total TCDD 11 q

1.9 0.17 pg/g 12/11/19 08:20 12/13/19 18:59 1☼Total TCDF 15

9.3 0.29 pg/g 12/11/19 08:20 12/13/19 18:59 1☼Total PeCDD 6.6 J

9.3 0.12 pg/g 12/11/19 08:20 12/13/19 18:59 1☼Total PeCDF 0.44 J

9.3 0.25 pg/g 12/11/19 08:20 12/13/19 18:59 1☼Total HxCDD 27 q B

9.3 0.094 pg/g 12/11/19 08:20 12/13/19 18:59 1☼Total HxCDF 0.45 J q

9.3 0.30 pg/g 12/11/19 08:20 12/13/19 18:59 1☼Total HpCDD 63 B

9.3 0.14 pg/g 12/11/19 08:20 12/13/19 18:59 1☼Total HpCDF 2.7 J B

13C-2,3,7,8-TCDD 54 25 - 164 12/11/19 08:20 12/13/19 18:59 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 49 12/11/19 08:20 12/13/19 18:59 124 - 169

13C-1,2,3,7,8-PeCDD 52 12/11/19 08:20 12/13/19 18:59 125 - 181

13C-1,2,3,7,8-PeCDF 51 12/11/19 08:20 12/13/19 18:59 124 - 185

13C-2,3,4,7,8-PeCDF 54 12/11/19 08:20 12/13/19 18:59 121 - 178

13C-1,2,3,4,7,8-HxCDD 58 12/11/19 08:20 12/13/19 18:59 132 - 141

13C-1,2,3,6,7,8-HxCDD 59 12/11/19 08:20 12/13/19 18:59 128 - 130

13C-1,2,3,4,7,8-HxCDF 53 12/11/19 08:20 12/13/19 18:59 126 - 152
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-3Client Sample ID: 11187072-120719-SS-SJSSA01 (2-4)
Matrix: SedimentDate Collected: 12/07/19 15:20

Percent Solids: 53.6Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

13C-1,2,3,6,7,8-HxCDF 52 26 - 123 12/11/19 08:20 12/13/19 18:59 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8,9-HxCDF 48 12/11/19 08:20 12/13/19 18:59 129 - 147

13C-2,3,4,6,7,8-HxCDF 48 12/11/19 08:20 12/13/19 18:59 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 54 12/11/19 08:20 12/13/19 18:59 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 49 12/11/19 08:20 12/13/19 18:59 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 55 12/11/19 08:20 12/13/19 18:59 126 - 138

13C-OCDD 59 12/11/19 08:20 12/13/19 18:59 117 - 157

37Cl4-2,3,7,8-TCDD 90 35 - 197 12/11/19 08:20 12/13/19 18:59 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 15 1.9 1.5 pg/g ☼ 12/11/19 08:20 12/16/19 21:18 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 58 24 - 169 12/11/19 08:20 12/16/19 21:18 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 102 35 - 197 12/11/19 08:20 12/16/19 21:18 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56911-4Client Sample ID: 11187072-120719-SS-SJSSA01 (4-6)
Matrix: SedimentDate Collected: 12/07/19 15:25

Percent Solids: 57.2Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 12 1.7 0.32 pg/g ☼ 12/11/19 08:20 12/13/19 19:47 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

8.7 0.29 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,7,8-PeCDD ND
8.7 0.15 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,7,8-PeCDF 1.2 J

8.7 0.17 pg/g 12/11/19 08:20 12/13/19 19:47 1☼2,3,4,7,8-PeCDF ND
8.7 0.28 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,4,7,8-HxCDD 0.81 J

8.7 0.29 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,6,7,8-HxCDD 1.3 J B

8.7 0.27 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,7,8,9-HxCDD 2.5 J

8.7 0.15 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,4,7,8-HxCDF 1.7 J

8.7 0.14 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,6,7,8-HxCDF 0.74 J

8.7 0.12 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,7,8,9-HxCDF ND
8.7 0.14 pg/g 12/11/19 08:20 12/13/19 19:47 1☼2,3,4,6,7,8-HxCDF ND
8.7 0.50 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,4,6,7,8-HpCDD 45 B

8.7 0.17 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,4,6,7,8-HpCDF 3.9 J

8.7 0.15 pg/g 12/11/19 08:20 12/13/19 19:47 1☼1,2,3,4,7,8,9-HpCDF 0.65 J

17 1.4 pg/g 12/11/19 08:20 12/13/19 19:47 1☼OCDD 1100 B

17 0.22 pg/g 12/11/19 08:20 12/13/19 19:47 1☼OCDF 35 B

1.7 0.32 pg/g 12/11/19 08:20 12/13/19 19:47 1☼Total TCDD 17 q

1.7 0.28 pg/g 12/11/19 08:20 12/13/19 19:47 1☼Total TCDF 53 q

8.7 0.29 pg/g 12/11/19 08:20 12/13/19 19:47 1☼Total PeCDD 10 q

8.7 0.16 pg/g 12/11/19 08:20 12/13/19 19:47 1☼Total PeCDF 3.3 J q

8.7 0.28 pg/g 12/11/19 08:20 12/13/19 19:47 1☼Total HxCDD 46 B

8.7 0.14 pg/g 12/11/19 08:20 12/13/19 19:47 1☼Total HxCDF 5.5 J

8.7 0.50 pg/g 12/11/19 08:20 12/13/19 19:47 1☼Total HpCDD 160 B

8.7 0.16 pg/g 12/11/19 08:20 12/13/19 19:47 1☼Total HpCDF 11 q B
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-4Client Sample ID: 11187072-120719-SS-SJSSA01 (4-6)
Matrix: SedimentDate Collected: 12/07/19 15:25

Percent Solids: 57.2Date Received: 12/10/19 09:20

13C-2,3,7,8-TCDD 59 25 - 164 12/11/19 08:20 12/13/19 19:47 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 53 12/11/19 08:20 12/13/19 19:47 124 - 169

13C-1,2,3,7,8-PeCDD 57 12/11/19 08:20 12/13/19 19:47 125 - 181

13C-1,2,3,7,8-PeCDF 57 12/11/19 08:20 12/13/19 19:47 124 - 185

13C-2,3,4,7,8-PeCDF 59 12/11/19 08:20 12/13/19 19:47 121 - 178

13C-1,2,3,4,7,8-HxCDD 65 12/11/19 08:20 12/13/19 19:47 132 - 141

13C-1,2,3,6,7,8-HxCDD 63 12/11/19 08:20 12/13/19 19:47 128 - 130

13C-1,2,3,4,7,8-HxCDF 58 12/11/19 08:20 12/13/19 19:47 126 - 152

13C-1,2,3,6,7,8-HxCDF 56 12/11/19 08:20 12/13/19 19:47 126 - 123

13C-1,2,3,7,8,9-HxCDF 52 12/11/19 08:20 12/13/19 19:47 129 - 147

13C-2,3,4,6,7,8-HxCDF 51 12/11/19 08:20 12/13/19 19:47 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 60 12/11/19 08:20 12/13/19 19:47 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 53 12/11/19 08:20 12/13/19 19:47 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 61 12/11/19 08:20 12/13/19 19:47 126 - 138

13C-OCDD 66 12/11/19 08:20 12/13/19 19:47 117 - 157

37Cl4-2,3,7,8-TCDD 97 35 - 197 12/11/19 08:20 12/13/19 19:47 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 38 1.7 0.37 pg/g ☼ 12/11/19 08:20 12/16/19 21:56 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 60 24 - 169 12/11/19 08:20 12/16/19 21:56 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 105 35 - 197 12/11/19 08:20 12/16/19 21:56 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56911-5Client Sample ID: 11187072-120819-BN-SJSSA09 (0-1)
Matrix: SedimentDate Collected: 12/08/19 13:15

Percent Solids: 71.0Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 3.0 1.4 0.19 pg/g ☼ 12/11/19 08:20 12/13/19 20:35 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

7.0 0.14 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,7,8-PeCDD ND
7.0 0.084 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,7,8-PeCDF 0.35 J q

7.0 0.092 pg/g 12/11/19 08:20 12/13/19 20:35 1☼2,3,4,7,8-PeCDF ND
7.0 0.087 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,4,7,8-HxCDD ND
7.0 0.093 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,6,7,8-HxCDD 0.31 J B

7.0 0.084 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,7,8,9-HxCDD 0.34 J

7.0 0.077 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,4,7,8-HxCDF 0.33 J

7.0 0.073 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,6,7,8-HxCDF ND
7.0 0.063 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,7,8,9-HxCDF 0.13 J q

7.0 0.070 pg/g 12/11/19 08:20 12/13/19 20:35 1☼2,3,4,6,7,8-HxCDF ND
7.0 0.20 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,4,6,7,8-HpCDD 7.4 B

7.0 0.098 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,4,6,7,8-HpCDF 0.83 J

7.0 0.087 pg/g 12/11/19 08:20 12/13/19 20:35 1☼1,2,3,4,7,8,9-HpCDF ND
14 0.56 pg/g 12/11/19 08:20 12/13/19 20:35 1☼OCDD 300 B

14 0.16 pg/g 12/11/19 08:20 12/13/19 20:35 1☼OCDF 4.4 J B

1.4 0.19 pg/g 12/11/19 08:20 12/13/19 20:35 1☼Total TCDD 3.0
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-5Client Sample ID: 11187072-120819-BN-SJSSA09 (0-1)
Matrix: SedimentDate Collected: 12/08/19 13:15

Percent Solids: 71.0Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)
RL EDL

Total TCDF 19 q 1.4 0.15 pg/g ☼ 12/11/19 08:20 12/13/19 20:35 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

7.0 0.14 pg/g 12/11/19 08:20 12/13/19 20:35 1☼Total PeCDD ND
7.0 0.088 pg/g 12/11/19 08:20 12/13/19 20:35 1☼Total PeCDF 0.76 J q

7.0 0.088 pg/g 12/11/19 08:20 12/13/19 20:35 1☼Total HxCDD 3.3 J B

7.0 0.071 pg/g 12/11/19 08:20 12/13/19 20:35 1☼Total HxCDF 0.83 J q

7.0 0.20 pg/g 12/11/19 08:20 12/13/19 20:35 1☼Total HpCDD 27 B

7.0 0.093 pg/g 12/11/19 08:20 12/13/19 20:35 1☼Total HpCDF 2.3 J B

13C-2,3,7,8-TCDD 57 25 - 164 12/11/19 08:20 12/13/19 20:35 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 51 12/11/19 08:20 12/13/19 20:35 124 - 169

13C-1,2,3,7,8-PeCDD 53 12/11/19 08:20 12/13/19 20:35 125 - 181

13C-1,2,3,7,8-PeCDF 54 12/11/19 08:20 12/13/19 20:35 124 - 185

13C-2,3,4,7,8-PeCDF 57 12/11/19 08:20 12/13/19 20:35 121 - 178

13C-1,2,3,4,7,8-HxCDD 60 12/11/19 08:20 12/13/19 20:35 132 - 141

13C-1,2,3,6,7,8-HxCDD 61 12/11/19 08:20 12/13/19 20:35 128 - 130

13C-1,2,3,4,7,8-HxCDF 55 12/11/19 08:20 12/13/19 20:35 126 - 152

13C-1,2,3,6,7,8-HxCDF 54 12/11/19 08:20 12/13/19 20:35 126 - 123

13C-1,2,3,7,8,9-HxCDF 51 12/11/19 08:20 12/13/19 20:35 129 - 147

13C-2,3,4,6,7,8-HxCDF 49 12/11/19 08:20 12/13/19 20:35 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 55 12/11/19 08:20 12/13/19 20:35 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 48 12/11/19 08:20 12/13/19 20:35 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 57 12/11/19 08:20 12/13/19 20:35 126 - 138

13C-OCDD 59 12/11/19 08:20 12/13/19 20:35 117 - 157

37Cl4-2,3,7,8-TCDD 97 35 - 197 12/11/19 08:20 12/13/19 20:35 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 13 1.4 0.27 pg/g ☼ 12/11/19 08:20 12/16/19 22:35 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 59 24 - 169 12/11/19 08:20 12/16/19 22:35 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 105 35 - 197 12/11/19 08:20 12/16/19 22:35 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56911-6Client Sample ID: 11187072-120819-BN-SJSSA09 (1-2)
Matrix: SedimentDate Collected: 12/08/19 13:20

Percent Solids: 75.2Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 4.4 1.3 0.19 pg/g ☼ 12/11/19 08:20 12/13/19 21:23 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

6.5 0.15 pg/g 12/11/19 08:20 12/13/19 21:23 1☼1,2,3,7,8-PeCDD ND
6.5 0.075 pg/g 12/11/19 08:20 12/13/19 21:23 1☼1,2,3,7,8-PeCDF 0.64 J

6.5 0.079 pg/g 12/11/19 08:20 12/13/19 21:23 1☼2,3,4,7,8-PeCDF ND
6.5 0.096 pg/g 12/11/19 08:20 12/13/19 21:23 1☼1,2,3,4,7,8-HxCDD ND
6.5 0.099 pg/g 12/11/19 08:20 12/13/19 21:23 1☼1,2,3,6,7,8-HxCDD 0.50 J B

6.5 0.091 pg/g 12/11/19 08:20 12/13/19 21:23 1☼1,2,3,7,8,9-HxCDD 0.58 J

6.5 0.079 pg/g 12/11/19 08:20 12/13/19 21:23 1☼1,2,3,4,7,8-HxCDF 0.78 J
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-6Client Sample ID: 11187072-120819-BN-SJSSA09 (1-2)
Matrix: SedimentDate Collected: 12/08/19 13:20

Percent Solids: 75.2Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)
RL EDL

1,2,3,6,7,8-HxCDF 0.32 J 6.5 0.074 pg/g ☼ 12/11/19 08:20 12/13/19 21:23 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

6.5 0.067 pg/g 12/11/19 08:20 12/13/19 21:23 1☼1,2,3,7,8,9-HxCDF 0.28 J

6.5 0.073 pg/g 12/11/19 08:20 12/13/19 21:23 1☼2,3,4,6,7,8-HxCDF ND
6.5 0.14 pg/g 12/11/19 08:20 12/13/19 21:23 1☼1,2,3,4,6,7,8-HpCDD 6.2 J B

6.5 0.096 pg/g 12/11/19 08:20 12/13/19 21:23 1☼1,2,3,4,6,7,8-HpCDF 1.2 J

6.5 0.086 pg/g 12/11/19 08:20 12/13/19 21:23 1☼1,2,3,4,7,8,9-HpCDF 0.35 J q

13 0.42 pg/g 12/11/19 08:20 12/13/19 21:23 1☼OCDD 180 B

13 0.15 pg/g 12/11/19 08:20 12/13/19 21:23 1☼OCDF 3.6 J B

1.3 0.19 pg/g 12/11/19 08:20 12/13/19 21:23 1☼Total TCDD 4.4

1.3 0.16 pg/g 12/11/19 08:20 12/13/19 21:23 1☼Total TCDF 29 q

6.5 0.15 pg/g 12/11/19 08:20 12/13/19 21:23 1☼Total PeCDD ND
6.5 0.077 pg/g 12/11/19 08:20 12/13/19 21:23 1☼Total PeCDF 0.74 J

6.5 0.095 pg/g 12/11/19 08:20 12/13/19 21:23 1☼Total HxCDD 4.3 J q B

6.5 0.073 pg/g 12/11/19 08:20 12/13/19 21:23 1☼Total HxCDF 3.3 J

6.5 0.14 pg/g 12/11/19 08:20 12/13/19 21:23 1☼Total HpCDD 18 B

6.5 0.091 pg/g 12/11/19 08:20 12/13/19 21:23 1☼Total HpCDF 4.0 J q B

13C-2,3,7,8-TCDD 54 25 - 164 12/11/19 08:20 12/13/19 21:23 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 48 12/11/19 08:20 12/13/19 21:23 124 - 169

13C-1,2,3,7,8-PeCDD 51 12/11/19 08:20 12/13/19 21:23 125 - 181

13C-1,2,3,7,8-PeCDF 50 12/11/19 08:20 12/13/19 21:23 124 - 185

13C-2,3,4,7,8-PeCDF 53 12/11/19 08:20 12/13/19 21:23 121 - 178

13C-1,2,3,4,7,8-HxCDD 56 12/11/19 08:20 12/13/19 21:23 132 - 141

13C-1,2,3,6,7,8-HxCDD 58 12/11/19 08:20 12/13/19 21:23 128 - 130

13C-1,2,3,4,7,8-HxCDF 50 12/11/19 08:20 12/13/19 21:23 126 - 152

13C-1,2,3,6,7,8-HxCDF 51 12/11/19 08:20 12/13/19 21:23 126 - 123

13C-1,2,3,7,8,9-HxCDF 47 12/11/19 08:20 12/13/19 21:23 129 - 147

13C-2,3,4,6,7,8-HxCDF 46 12/11/19 08:20 12/13/19 21:23 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 53 12/11/19 08:20 12/13/19 21:23 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 47 12/11/19 08:20 12/13/19 21:23 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 54 12/11/19 08:20 12/13/19 21:23 126 - 138

13C-OCDD 58 12/11/19 08:20 12/13/19 21:23 117 - 157

37Cl4-2,3,7,8-TCDD 98 35 - 197 12/11/19 08:20 12/13/19 21:23 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 20 1.3 0.41 pg/g ☼ 12/11/19 08:20 12/16/19 23:13 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 54 24 - 169 12/11/19 08:20 12/16/19 23:13 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 105 35 - 197 12/11/19 08:20 12/16/19 23:13 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-7Client Sample ID: 11187072-120819-BN-SJSSA09 (2-4)
Matrix: SedimentDate Collected: 12/08/19 13:25

Percent Solids: 78.4Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 9.7 1.3 0.13 pg/g ☼ 12/11/19 08:20 12/13/19 16:21 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

6.3 0.18 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,7,8-PeCDD ND
6.3 0.11 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,7,8-PeCDF 1.2 J

6.3 0.11 pg/g 12/11/19 08:20 12/13/19 16:21 1☼2,3,4,7,8-PeCDF 0.61 J

6.3 0.090 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,4,7,8-HxCDD 0.24 J

6.3 0.091 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,6,7,8-HxCDD 0.21 J B q

6.3 0.082 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,7,8,9-HxCDD 0.44 J

6.3 0.13 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,4,7,8-HxCDF 3.3 J

6.3 0.13 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,6,7,8-HxCDF 0.82 J

6.3 0.10 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,7,8,9-HxCDF 0.46 J

6.3 0.10 pg/g 12/11/19 08:20 12/13/19 16:21 1☼2,3,4,6,7,8-HxCDF ND
6.3 0.15 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,4,6,7,8-HpCDD 6.1 J B

6.3 0.068 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,4,6,7,8-HpCDF 1.1 J

6.3 0.077 pg/g 12/11/19 08:20 12/13/19 16:21 1☼1,2,3,4,7,8,9-HpCDF 0.56 J

13 0.24 pg/g 12/11/19 08:20 12/13/19 16:21 1☼OCDD 180 B

13 0.10 pg/g 12/11/19 08:20 12/13/19 16:21 1☼OCDF 4.1 J B

1.3 0.13 pg/g 12/11/19 08:20 12/13/19 16:21 1☼Total TCDD 11 q

1.3 0.25 pg/g 12/11/19 08:20 12/13/19 16:21 1☼Total TCDF 68

6.3 0.18 pg/g 12/11/19 08:20 12/13/19 16:21 1☼Total PeCDD ND
6.3 0.11 pg/g 12/11/19 08:20 12/13/19 16:21 1☼Total PeCDF 2.7 J q

6.3 0.088 pg/g 12/11/19 08:20 12/13/19 16:21 1☼Total HxCDD 5.0 J B q

6.3 0.12 pg/g 12/11/19 08:20 12/13/19 16:21 1☼Total HxCDF 4.6 J

6.3 0.15 pg/g 12/11/19 08:20 12/13/19 16:21 1☼Total HpCDD 22 B

6.3 0.072 pg/g 12/11/19 08:20 12/13/19 16:21 1☼Total HpCDF 2.5 J B

13C-2,3,7,8-TCDD 54 25 - 164 12/11/19 08:20 12/13/19 16:21 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 51 12/11/19 08:20 12/13/19 16:21 124 - 169

13C-1,2,3,7,8-PeCDD 58 12/11/19 08:20 12/13/19 16:21 125 - 181

13C-1,2,3,7,8-PeCDF 51 12/11/19 08:20 12/13/19 16:21 124 - 185

13C-2,3,4,7,8-PeCDF 55 12/11/19 08:20 12/13/19 16:21 121 - 178

13C-1,2,3,4,7,8-HxCDD 62 12/11/19 08:20 12/13/19 16:21 132 - 141

13C-1,2,3,6,7,8-HxCDD 53 12/11/19 08:20 12/13/19 16:21 128 - 130

13C-1,2,3,4,7,8-HxCDF 55 12/11/19 08:20 12/13/19 16:21 126 - 152

13C-1,2,3,6,7,8-HxCDF 48 12/11/19 08:20 12/13/19 16:21 126 - 123

13C-1,2,3,7,8,9-HxCDF 51 12/11/19 08:20 12/13/19 16:21 129 - 147

13C-2,3,4,6,7,8-HxCDF 51 12/11/19 08:20 12/13/19 16:21 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 62 12/11/19 08:20 12/13/19 16:21 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 53 12/11/19 08:20 12/13/19 16:21 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 63 12/11/19 08:20 12/13/19 16:21 126 - 138

13C-OCDD 70 12/11/19 08:20 12/13/19 16:21 117 - 157

37Cl4-2,3,7,8-TCDD 95 35 - 197 12/11/19 08:20 12/13/19 16:21 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 44 1.3 0.29 pg/g ☼ 12/11/19 08:20 12/16/19 23:51 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 55 24 - 169 12/11/19 08:20 12/16/19 23:51 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-7Client Sample ID: 11187072-120819-BN-SJSSA09 (2-4)
Matrix: SedimentDate Collected: 12/08/19 13:25

Percent Solids: 78.4Date Received: 12/10/19 09:20

37Cl4-2,3,7,8-TCDD 98 35 - 197 12/11/19 08:20 12/16/19 23:51 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56911-8Client Sample ID: 11187072-120819-BN-SJSSA09 (4-6)
Matrix: SedimentDate Collected: 12/08/19 13:30

Percent Solids: 75.4Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 3.0 1.3 0.13 pg/g ☼ 12/11/19 08:20 12/13/19 17:07 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

6.6 0.12 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,7,8-PeCDD ND
6.6 0.086 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,7,8-PeCDF 0.40 J

6.6 0.092 pg/g 12/11/19 08:20 12/13/19 17:07 1☼2,3,4,7,8-PeCDF ND
6.6 0.084 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,4,7,8-HxCDD 0.27 J q

6.6 0.087 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,6,7,8-HxCDD 0.19 J B

6.6 0.077 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,7,8,9-HxCDD 0.36 J

6.6 0.12 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,4,7,8-HxCDF 0.64 J

6.6 0.12 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,6,7,8-HxCDF 0.28 J

6.6 0.089 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,7,8,9-HxCDF 0.23 J q

6.6 0.094 pg/g 12/11/19 08:20 12/13/19 17:07 1☼2,3,4,6,7,8-HxCDF ND
6.6 0.13 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,4,6,7,8-HpCDD 5.5 J B

6.6 0.057 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,4,6,7,8-HpCDF 1.1 J

6.6 0.061 pg/g 12/11/19 08:20 12/13/19 17:07 1☼1,2,3,4,7,8,9-HpCDF 0.32 J

13 0.19 pg/g 12/11/19 08:20 12/13/19 17:07 1☼OCDD 130 B

13 0.14 pg/g 12/11/19 08:20 12/13/19 17:07 1☼OCDF 7.3 J B

1.3 0.13 pg/g 12/11/19 08:20 12/13/19 17:07 1☼Total TCDD 3.3 q

1.3 0.12 pg/g 12/11/19 08:20 12/13/19 17:07 1☼Total TCDF 20 q

6.6 0.12 pg/g 12/11/19 08:20 12/13/19 17:07 1☼Total PeCDD 0.14 J q

6.6 0.089 pg/g 12/11/19 08:20 12/13/19 17:07 1☼Total PeCDF 0.40 J

6.6 0.083 pg/g 12/11/19 08:20 12/13/19 17:07 1☼Total HxCDD 3.3 J B q

6.6 0.10 pg/g 12/11/19 08:20 12/13/19 17:07 1☼Total HxCDF 1.2 J q

6.6 0.13 pg/g 12/11/19 08:20 12/13/19 17:07 1☼Total HpCDD 16 B

6.6 0.059 pg/g 12/11/19 08:20 12/13/19 17:07 1☼Total HpCDF 3.0 J B

13C-2,3,7,8-TCDD 53 25 - 164 12/11/19 08:20 12/13/19 17:07 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 49 12/11/19 08:20 12/13/19 17:07 124 - 169

13C-1,2,3,7,8-PeCDD 56 12/11/19 08:20 12/13/19 17:07 125 - 181

13C-1,2,3,7,8-PeCDF 51 12/11/19 08:20 12/13/19 17:07 124 - 185

13C-2,3,4,7,8-PeCDF 53 12/11/19 08:20 12/13/19 17:07 121 - 178

13C-1,2,3,4,7,8-HxCDD 57 12/11/19 08:20 12/13/19 17:07 132 - 141

13C-1,2,3,6,7,8-HxCDD 49 12/11/19 08:20 12/13/19 17:07 128 - 130

13C-1,2,3,4,7,8-HxCDF 52 12/11/19 08:20 12/13/19 17:07 126 - 152

13C-1,2,3,6,7,8-HxCDF 44 12/11/19 08:20 12/13/19 17:07 126 - 123

13C-1,2,3,7,8,9-HxCDF 49 12/11/19 08:20 12/13/19 17:07 129 - 147

13C-2,3,4,6,7,8-HxCDF 48 12/11/19 08:20 12/13/19 17:07 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 59 12/11/19 08:20 12/13/19 17:07 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 49 12/11/19 08:20 12/13/19 17:07 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 61 12/11/19 08:20 12/13/19 17:07 126 - 138

13C-OCDD 68 12/11/19 08:20 12/13/19 17:07 117 - 157
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-8Client Sample ID: 11187072-120819-BN-SJSSA09 (4-6)
Matrix: SedimentDate Collected: 12/08/19 13:30

Percent Solids: 75.4Date Received: 12/10/19 09:20

37Cl4-2,3,7,8-TCDD 101 35 - 197 12/11/19 08:20 12/13/19 17:07 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 14 1.3 0.43 pg/g ☼ 12/11/19 08:20 12/17/19 00:29 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 53 24 - 169 12/11/19 08:20 12/17/19 00:29 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 99 35 - 197 12/11/19 08:20 12/17/19 00:29 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56911-9Client Sample ID: 11187072-120819-BN-SJSSA05 (0-1)
Matrix: SedimentDate Collected: 12/08/19 15:10

Percent Solids: 64.1Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 18 1.5 0.23 pg/g ☼ 12/11/19 08:20 12/13/19 17:53 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

7.7 0.18 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,7,8-PeCDD ND
7.7 0.15 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,7,8-PeCDF 1.8 J

7.7 0.15 pg/g 12/11/19 08:20 12/13/19 17:53 1☼2,3,4,7,8-PeCDF 1.0 J

7.7 0.11 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,4,7,8-HxCDD 0.37 J

7.7 0.11 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,6,7,8-HxCDD 0.56 J B

7.7 0.10 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,7,8,9-HxCDD 1.4 J

7.7 0.14 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,4,7,8-HxCDF 2.1 J

7.7 0.14 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,6,7,8-HxCDF 0.49 J q

7.7 0.10 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,7,8,9-HxCDF ND
7.7 0.11 pg/g 12/11/19 08:20 12/13/19 17:53 1☼2,3,4,6,7,8-HxCDF ND
7.7 0.27 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,4,6,7,8-HpCDD 18 B

7.7 0.069 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,4,6,7,8-HpCDF 1.5 J

7.7 0.076 pg/g 12/11/19 08:20 12/13/19 17:53 1☼1,2,3,4,7,8,9-HpCDF 0.27 J q

15 0.32 pg/g 12/11/19 08:20 12/13/19 17:53 1☼OCDD 550 B

15 0.11 pg/g 12/11/19 08:20 12/13/19 17:53 1☼OCDF 10 J B

1.5 0.23 pg/g 12/11/19 08:20 12/13/19 17:53 1☼Total TCDD 22 q

1.5 0.34 pg/g 12/11/19 08:20 12/13/19 17:53 1☼Total TCDF 130 q

7.7 0.18 pg/g 12/11/19 08:20 12/13/19 17:53 1☼Total PeCDD 3.3 J q

7.7 0.15 pg/g 12/11/19 08:20 12/13/19 17:53 1☼Total PeCDF 4.5 J

7.7 0.11 pg/g 12/11/19 08:20 12/13/19 17:53 1☼Total HxCDD 20 B q

7.7 0.12 pg/g 12/11/19 08:20 12/13/19 17:53 1☼Total HxCDF 3.5 J q

7.7 0.27 pg/g 12/11/19 08:20 12/13/19 17:53 1☼Total HpCDD 70 B

7.7 0.072 pg/g 12/11/19 08:20 12/13/19 17:53 1☼Total HpCDF 3.7 J B q

13C-2,3,7,8-TCDD 60 25 - 164 12/11/19 08:20 12/13/19 17:53 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 55 12/11/19 08:20 12/13/19 17:53 124 - 169

13C-1,2,3,7,8-PeCDD 64 12/11/19 08:20 12/13/19 17:53 125 - 181

13C-1,2,3,7,8-PeCDF 58 12/11/19 08:20 12/13/19 17:53 124 - 185

13C-2,3,4,7,8-PeCDF 63 12/11/19 08:20 12/13/19 17:53 121 - 178

13C-1,2,3,4,7,8-HxCDD 69 12/11/19 08:20 12/13/19 17:53 132 - 141

13C-1,2,3,6,7,8-HxCDD 58 12/11/19 08:20 12/13/19 17:53 128 - 130

13C-1,2,3,4,7,8-HxCDF 61 12/11/19 08:20 12/13/19 17:53 126 - 152
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-9Client Sample ID: 11187072-120819-BN-SJSSA05 (0-1)
Matrix: SedimentDate Collected: 12/08/19 15:10

Percent Solids: 64.1Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

13C-1,2,3,6,7,8-HxCDF 53 26 - 123 12/11/19 08:20 12/13/19 17:53 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,7,8,9-HxCDF 58 12/11/19 08:20 12/13/19 17:53 129 - 147

13C-2,3,4,6,7,8-HxCDF 56 12/11/19 08:20 12/13/19 17:53 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 73 12/11/19 08:20 12/13/19 17:53 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 61 12/11/19 08:20 12/13/19 17:53 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 73 12/11/19 08:20 12/13/19 17:53 126 - 138

13C-OCDD 85 12/11/19 08:20 12/13/19 17:53 117 - 157

37Cl4-2,3,7,8-TCDD 104 35 - 197 12/11/19 08:20 12/13/19 17:53 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 78 1.5 0.38 pg/g ☼ 12/11/19 08:20 12/17/19 01:08 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 61 24 - 169 12/11/19 08:20 12/17/19 01:08 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 108 35 - 197 12/11/19 08:20 12/17/19 01:08 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56911-10Client Sample ID: 11187072-120819-BN-SJSSA05 (1-2)
Matrix: SedimentDate Collected: 12/08/19 15:15

Percent Solids: 71.3Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 1.5 1.4 0.13 pg/g ☼ 12/11/19 08:20 12/13/19 18:39 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

6.8 0.15 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,7,8-PeCDD ND
6.8 0.091 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,7,8-PeCDF 0.33 J

6.8 0.094 pg/g 12/11/19 08:20 12/13/19 18:39 1☼2,3,4,7,8-PeCDF ND
6.8 0.083 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,4,7,8-HxCDD 0.36 J

6.8 0.083 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,6,7,8-HxCDD 0.29 J B q

6.8 0.075 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,7,8,9-HxCDD 0.71 J

6.8 0.089 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,4,7,8-HxCDF 0.26 J

6.8 0.090 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,6,7,8-HxCDF ND
6.8 0.065 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,7,8,9-HxCDF 0.31 J

6.8 0.071 pg/g 12/11/19 08:20 12/13/19 18:39 1☼2,3,4,6,7,8-HxCDF ND
6.8 0.14 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,4,6,7,8-HpCDD 8.0 B

6.8 0.057 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,4,6,7,8-HpCDF 0.49 J

6.8 0.061 pg/g 12/11/19 08:20 12/13/19 18:39 1☼1,2,3,4,7,8,9-HpCDF 0.23 J

14 0.22 pg/g 12/11/19 08:20 12/13/19 18:39 1☼OCDD 190 B

14 0.13 pg/g 12/11/19 08:20 12/13/19 18:39 1☼OCDF 3.4 J B

1.4 0.13 pg/g 12/11/19 08:20 12/13/19 18:39 1☼Total TCDD 4.0 q

1.4 0.12 pg/g 12/11/19 08:20 12/13/19 18:39 1☼Total TCDF 9.1 q

6.8 0.15 pg/g 12/11/19 08:20 12/13/19 18:39 1☼Total PeCDD 2.4 J q

6.8 0.093 pg/g 12/11/19 08:20 12/13/19 18:39 1☼Total PeCDF 0.33 J

6.8 0.080 pg/g 12/11/19 08:20 12/13/19 18:39 1☼Total HxCDD 11 B q

6.8 0.079 pg/g 12/11/19 08:20 12/13/19 18:39 1☼Total HxCDF 0.57 J

6.8 0.14 pg/g 12/11/19 08:20 12/13/19 18:39 1☼Total HpCDD 29 B

6.8 0.059 pg/g 12/11/19 08:20 12/13/19 18:39 1☼Total HpCDF 1.4 J B
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-10Client Sample ID: 11187072-120819-BN-SJSSA05 (1-2)
Matrix: SedimentDate Collected: 12/08/19 15:15

Percent Solids: 71.3Date Received: 12/10/19 09:20

13C-2,3,7,8-TCDD 58 25 - 164 12/11/19 08:20 12/13/19 18:39 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 52 12/11/19 08:20 12/13/19 18:39 124 - 169

13C-1,2,3,7,8-PeCDD 60 12/11/19 08:20 12/13/19 18:39 125 - 181

13C-1,2,3,7,8-PeCDF 56 12/11/19 08:20 12/13/19 18:39 124 - 185

13C-2,3,4,7,8-PeCDF 58 12/11/19 08:20 12/13/19 18:39 121 - 178

13C-1,2,3,4,7,8-HxCDD 64 12/11/19 08:20 12/13/19 18:39 132 - 141

13C-1,2,3,6,7,8-HxCDD 53 12/11/19 08:20 12/13/19 18:39 128 - 130

13C-1,2,3,4,7,8-HxCDF 55 12/11/19 08:20 12/13/19 18:39 126 - 152

13C-1,2,3,6,7,8-HxCDF 48 12/11/19 08:20 12/13/19 18:39 126 - 123

13C-1,2,3,7,8,9-HxCDF 53 12/11/19 08:20 12/13/19 18:39 129 - 147

13C-2,3,4,6,7,8-HxCDF 52 12/11/19 08:20 12/13/19 18:39 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 66 12/11/19 08:20 12/13/19 18:39 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 55 12/11/19 08:20 12/13/19 18:39 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 67 12/11/19 08:20 12/13/19 18:39 126 - 138

13C-OCDD 77 12/11/19 08:20 12/13/19 18:39 117 - 157

37Cl4-2,3,7,8-TCDD 104 35 - 197 12/11/19 08:20 12/13/19 18:39 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 6.0 1.4 0.21 pg/g ☼ 12/11/19 08:20 12/17/19 01:46 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 56 24 - 169 12/11/19 08:20 12/17/19 01:46 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 102 35 - 197 12/11/19 08:20 12/17/19 01:46 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56911-11Client Sample ID: 11187072-120819-BN-SJSSA05 (2-4)
Matrix: SedimentDate Collected: 12/08/19 15:20

Percent Solids: 75.8Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 0.76 J q 1.3 0.15 pg/g ☼ 12/11/19 08:20 12/13/19 19:25 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

6.5 0.13 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,7,8-PeCDD ND
6.5 0.10 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,7,8-PeCDF 0.24 J

6.5 0.10 pg/g 12/11/19 08:20 12/13/19 19:25 1☼2,3,4,7,8-PeCDF ND
6.5 0.11 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,4,7,8-HxCDD 0.31 J q

6.5 0.11 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,6,7,8-HxCDD 0.41 J B

6.5 0.10 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,7,8,9-HxCDD 0.76 J

6.5 0.12 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,4,7,8-HxCDF 0.21 J q

6.5 0.12 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,6,7,8-HxCDF ND
6.5 0.089 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,7,8,9-HxCDF 0.20 J q

6.5 0.094 pg/g 12/11/19 08:20 12/13/19 19:25 1☼2,3,4,6,7,8-HxCDF ND
6.5 0.14 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,4,6,7,8-HpCDD 7.2 B

6.5 0.055 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,4,6,7,8-HpCDF 0.63 J

6.5 0.061 pg/g 12/11/19 08:20 12/13/19 19:25 1☼1,2,3,4,7,8,9-HpCDF 0.39 J

13 0.19 pg/g 12/11/19 08:20 12/13/19 19:25 1☼OCDD 140 B

13 0.10 pg/g 12/11/19 08:20 12/13/19 19:25 1☼OCDF 4.3 J B

1.3 0.15 pg/g 12/11/19 08:20 12/13/19 19:25 1☼Total TCDD 4.1 q
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-11Client Sample ID: 11187072-120819-BN-SJSSA05 (2-4)
Matrix: SedimentDate Collected: 12/08/19 15:20

Percent Solids: 75.8Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)
RL EDL

Total TCDF 4.1 1.3 0.087 pg/g ☼ 12/11/19 08:20 12/13/19 19:25 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

6.5 0.13 pg/g 12/11/19 08:20 12/13/19 19:25 1☼Total PeCDD 3.3 J q

6.5 0.10 pg/g 12/11/19 08:20 12/13/19 19:25 1☼Total PeCDF 0.24 J

6.5 0.11 pg/g 12/11/19 08:20 12/13/19 19:25 1☼Total HxCDD 12 B q

6.5 0.11 pg/g 12/11/19 08:20 12/13/19 19:25 1☼Total HxCDF 0.41 J q

6.5 0.14 pg/g 12/11/19 08:20 12/13/19 19:25 1☼Total HpCDD 25 B

6.5 0.058 pg/g 12/11/19 08:20 12/13/19 19:25 1☼Total HpCDF 1.9 J B

13C-2,3,7,8-TCDD 53 25 - 164 12/11/19 08:20 12/13/19 19:25 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 50 12/11/19 08:20 12/13/19 19:25 124 - 169

13C-1,2,3,7,8-PeCDD 57 12/11/19 08:20 12/13/19 19:25 125 - 181

13C-1,2,3,7,8-PeCDF 51 12/11/19 08:20 12/13/19 19:25 124 - 185

13C-2,3,4,7,8-PeCDF 56 12/11/19 08:20 12/13/19 19:25 121 - 178

13C-1,2,3,4,7,8-HxCDD 61 12/11/19 08:20 12/13/19 19:25 132 - 141

13C-1,2,3,6,7,8-HxCDD 52 12/11/19 08:20 12/13/19 19:25 128 - 130

13C-1,2,3,4,7,8-HxCDF 54 12/11/19 08:20 12/13/19 19:25 126 - 152

13C-1,2,3,6,7,8-HxCDF 47 12/11/19 08:20 12/13/19 19:25 126 - 123

13C-1,2,3,7,8,9-HxCDF 52 12/11/19 08:20 12/13/19 19:25 129 - 147

13C-2,3,4,6,7,8-HxCDF 50 12/11/19 08:20 12/13/19 19:25 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 63 12/11/19 08:20 12/13/19 19:25 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 52 12/11/19 08:20 12/13/19 19:25 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 64 12/11/19 08:20 12/13/19 19:25 126 - 138

13C-OCDD 73 12/11/19 08:20 12/13/19 19:25 117 - 157

37Cl4-2,3,7,8-TCDD 101 35 - 197 12/11/19 08:20 12/13/19 19:25 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 2.9 1.3 0.20 pg/g ☼ 12/11/19 08:20 12/17/19 02:24 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 53 24 - 169 12/11/19 08:20 12/17/19 02:24 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 104 35 - 197 12/11/19 08:20 12/17/19 02:24 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56911-12Client Sample ID: 11187072-120819-BN-SJSSA05 (4-6)
Matrix: SedimentDate Collected: 12/08/19 15:25

Percent Solids: 68.5Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 1.3 J q 1.4 0.16 pg/g ☼ 12/11/19 08:20 12/13/19 20:11 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

7.1 0.20 pg/g 12/11/19 08:20 12/13/19 20:11 1☼1,2,3,7,8-PeCDD ND
7.1 0.13 pg/g 12/11/19 08:20 12/13/19 20:11 1☼1,2,3,7,8-PeCDF 0.27 J

7.1 0.13 pg/g 12/11/19 08:20 12/13/19 20:11 1☼2,3,4,7,8-PeCDF ND
7.1 0.10 pg/g 12/11/19 08:20 12/13/19 20:11 1☼1,2,3,4,7,8-HxCDD 0.29 J q

7.1 0.11 pg/g 12/11/19 08:20 12/13/19 20:11 1☼1,2,3,6,7,8-HxCDD 0.31 J B

7.1 0.098 pg/g 12/11/19 08:20 12/13/19 20:11 1☼1,2,3,7,8,9-HxCDD 0.54 J

7.1 0.13 pg/g 12/11/19 08:20 12/13/19 20:11 1☼1,2,3,4,7,8-HxCDF ND
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-12Client Sample ID: 11187072-120819-BN-SJSSA05 (4-6)
Matrix: SedimentDate Collected: 12/08/19 15:25

Percent Solids: 68.5Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)
RL EDL

1,2,3,6,7,8-HxCDF ND 7.1 0.14 pg/g ☼ 12/11/19 08:20 12/13/19 20:11 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

7.1 0.096 pg/g 12/11/19 08:20 12/13/19 20:11 1☼1,2,3,7,8,9-HxCDF 0.18 J q

7.1 0.11 pg/g 12/11/19 08:20 12/13/19 20:11 1☼2,3,4,6,7,8-HxCDF ND
7.1 0.17 pg/g 12/11/19 08:20 12/13/19 20:11 1☼1,2,3,4,6,7,8-HpCDD 6.6 J B

7.1 0.065 pg/g 12/11/19 08:20 12/13/19 20:11 1☼1,2,3,4,6,7,8-HpCDF 0.43 J

7.1 0.071 pg/g 12/11/19 08:20 12/13/19 20:11 1☼1,2,3,4,7,8,9-HpCDF ND
14 0.20 pg/g 12/11/19 08:20 12/13/19 20:11 1☼OCDD 160 B

14 0.13 pg/g 12/11/19 08:20 12/13/19 20:11 1☼OCDF 2.4 J B

1.4 0.16 pg/g 12/11/19 08:20 12/13/19 20:11 1☼Total TCDD 4.5 q

1.4 0.13 pg/g 12/11/19 08:20 12/13/19 20:11 1☼Total TCDF 6.4

7.1 0.20 pg/g 12/11/19 08:20 12/13/19 20:11 1☼Total PeCDD 3.0 J

7.1 0.13 pg/g 12/11/19 08:20 12/13/19 20:11 1☼Total PeCDF 0.27 J

7.1 0.10 pg/g 12/11/19 08:20 12/13/19 20:11 1☼Total HxCDD 10 B q

7.1 0.12 pg/g 12/11/19 08:20 12/13/19 20:11 1☼Total HxCDF 0.18 J q

7.1 0.17 pg/g 12/11/19 08:20 12/13/19 20:11 1☼Total HpCDD 24 B

7.1 0.068 pg/g 12/11/19 08:20 12/13/19 20:11 1☼Total HpCDF 1.0 J B

13C-2,3,7,8-TCDD 58 25 - 164 12/11/19 08:20 12/13/19 20:11 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 52 12/11/19 08:20 12/13/19 20:11 124 - 169

13C-1,2,3,7,8-PeCDD 60 12/11/19 08:20 12/13/19 20:11 125 - 181

13C-1,2,3,7,8-PeCDF 55 12/11/19 08:20 12/13/19 20:11 124 - 185

13C-2,3,4,7,8-PeCDF 58 12/11/19 08:20 12/13/19 20:11 121 - 178

13C-1,2,3,4,7,8-HxCDD 64 12/11/19 08:20 12/13/19 20:11 132 - 141

13C-1,2,3,6,7,8-HxCDD 56 12/11/19 08:20 12/13/19 20:11 128 - 130

13C-1,2,3,4,7,8-HxCDF 58 12/11/19 08:20 12/13/19 20:11 126 - 152

13C-1,2,3,6,7,8-HxCDF 50 12/11/19 08:20 12/13/19 20:11 126 - 123

13C-1,2,3,7,8,9-HxCDF 56 12/11/19 08:20 12/13/19 20:11 129 - 147

13C-2,3,4,6,7,8-HxCDF 53 12/11/19 08:20 12/13/19 20:11 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 66 12/11/19 08:20 12/13/19 20:11 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 55 12/11/19 08:20 12/13/19 20:11 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 68 12/11/19 08:20 12/13/19 20:11 126 - 138

13C-OCDD 74 12/11/19 08:20 12/13/19 20:11 117 - 157

37Cl4-2,3,7,8-TCDD 107 35 - 197 12/11/19 08:20 12/13/19 20:11 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 4.5 1.4 0.21 pg/g ☼ 12/11/19 08:20 12/17/19 03:03 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 58 24 - 169 12/11/19 08:20 12/17/19 03:03 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 107 35 - 197 12/11/19 08:20 12/17/19 03:03 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-13Client Sample ID: 11187072-120819-BN-DUP2
Matrix: SedimentDate Collected: 12/08/19 00:00

Percent Solids: 76.5Date Received: 12/10/19 09:20

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 2.7 1.3 0.18 pg/g ☼ 12/11/19 08:20 12/13/19 20:57 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

6.5 0.16 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,7,8-PeCDD ND
6.5 0.090 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,7,8-PeCDF 0.38 J

6.5 0.086 pg/g 12/11/19 08:20 12/13/19 20:57 1☼2,3,4,7,8-PeCDF ND
6.5 0.098 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,4,7,8-HxCDD 0.45 J

6.5 0.11 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,6,7,8-HxCDD 0.38 J B

6.5 0.091 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,7,8,9-HxCDD 1.1 J

6.5 0.11 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,4,7,8-HxCDF 0.28 J

6.5 0.12 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,6,7,8-HxCDF ND
6.5 0.081 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,7,8,9-HxCDF 0.17 J q

6.5 0.088 pg/g 12/11/19 08:20 12/13/19 20:57 1☼2,3,4,6,7,8-HxCDF ND
6.5 0.25 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,4,6,7,8-HpCDD 15 B

6.5 0.065 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,4,6,7,8-HpCDF 0.77 J

6.5 0.066 pg/g 12/11/19 08:20 12/13/19 20:57 1☼1,2,3,4,7,8,9-HpCDF ND
13 0.34 pg/g 12/11/19 08:20 12/13/19 20:57 1☼OCDD 380 B

13 0.12 pg/g 12/11/19 08:20 12/13/19 20:57 1☼OCDF 4.4 J B

1.3 0.18 pg/g 12/11/19 08:20 12/13/19 20:57 1☼Total TCDD 14 q

1.3 0.12 pg/g 12/11/19 08:20 12/13/19 20:57 1☼Total TCDF 16 q

6.5 0.16 pg/g 12/11/19 08:20 12/13/19 20:57 1☼Total PeCDD 7.6 q

6.5 0.088 pg/g 12/11/19 08:20 12/13/19 20:57 1☼Total PeCDF 0.85 J

6.5 0.098 pg/g 12/11/19 08:20 12/13/19 20:57 1☼Total HxCDD 28 B q

6.5 0.099 pg/g 12/11/19 08:20 12/13/19 20:57 1☼Total HxCDF 0.45 J q

6.5 0.25 pg/g 12/11/19 08:20 12/13/19 20:57 1☼Total HpCDD 65 B

6.5 0.066 pg/g 12/11/19 08:20 12/13/19 20:57 1☼Total HpCDF 1.8 J B

13C-2,3,7,8-TCDD 54 25 - 164 12/11/19 08:20 12/13/19 20:57 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 56 12/11/19 08:20 12/13/19 20:57 124 - 169

13C-1,2,3,7,8-PeCDD 62 12/11/19 08:20 12/13/19 20:57 125 - 181

13C-1,2,3,7,8-PeCDF 55 12/11/19 08:20 12/13/19 20:57 124 - 185

13C-2,3,4,7,8-PeCDF 61 12/11/19 08:20 12/13/19 20:57 121 - 178

13C-1,2,3,4,7,8-HxCDD 60 12/11/19 08:20 12/13/19 20:57 132 - 141

13C-1,2,3,6,7,8-HxCDD 48 12/11/19 08:20 12/13/19 20:57 128 - 130

13C-1,2,3,4,7,8-HxCDF 51 12/11/19 08:20 12/13/19 20:57 126 - 152

13C-1,2,3,6,7,8-HxCDF 44 12/11/19 08:20 12/13/19 20:57 126 - 123

13C-1,2,3,7,8,9-HxCDF 52 12/11/19 08:20 12/13/19 20:57 129 - 147

13C-2,3,4,6,7,8-HxCDF 47 12/11/19 08:20 12/13/19 20:57 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 55 12/11/19 08:20 12/13/19 20:57 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 44 12/11/19 08:20 12/13/19 20:57 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 59 12/11/19 08:20 12/13/19 20:57 126 - 138

13C-OCDD 60 12/11/19 08:20 12/13/19 20:57 117 - 157

37Cl4-2,3,7,8-TCDD 104 35 - 197 12/11/19 08:20 12/13/19 20:57 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 9.9 1.3 0.19 pg/g ☼ 12/11/19 08:20 12/17/19 03:41 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 62 24 - 169 12/11/19 08:20 12/17/19 03:41 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56911-13Client Sample ID: 11187072-120819-BN-DUP2
Matrix: SedimentDate Collected: 12/08/19 00:00

Percent Solids: 76.5Date Received: 12/10/19 09:20

37Cl4-2,3,7,8-TCDD 112 35 - 197 12/11/19 08:20 12/17/19 03:41 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Toxicity Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA01 (0-1) Lab Sample ID: 320-56911-1

Analyte

2,3,7,8-TCDD

Result

8.6

Qualifier Unit

pg/g 8.6

TEF

WHO 2005

MethodRL

2.2 1
TEQ

0.37
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.48 J q pg/g 0.48111 0.28 1613B
1,2,3,7,8-PeCDF 1.1 J pg/g 0.0330.0311 0.17 1613B
2,3,4,7,8-PeCDF 0.75 J pg/g 0.230.311 0.18 1613B
1,2,3,4,7,8-HxCDD 1.0 J pg/g 0.100.111 0.28 1613B
1,2,3,6,7,8-HxCDD 1.5 J q B pg/g 0.150.111 0.29 1613B
1,2,3,7,8,9-HxCDD 3.2 J pg/g 0.320.111 0.27 1613B
1,2,3,4,7,8-HxCDF 1.8 J pg/g 0.180.111 0.19 1613B
1,2,3,6,7,8-HxCDF 0.91 J pg/g 0.0910.111 0.18 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00750.111 0.15 1613B
2,3,4,6,7,8-HxCDF 0.55 J pg/g 0.0550.111 0.18 1613B
1,2,3,4,6,7,8-HpCDD 62 B pg/g 0.620.0111 1.0 1613B
1,2,3,4,6,7,8-HpCDF 6.6 J pg/g 0.0660.0111 0.23 1613B
1,2,3,4,7,8,9-HpCDF 1.0 J pg/g 0.0100.0111 0.20 1613B
OCDD 2400 B pg/g 0.720.000322 2.9 1613B
OCDF 48 B pg/g 0.0140.000322 0.30 1613B
2,3,7,8-TCDF - RA 27 pg/g 2.70.12.2 0.48 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 14
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120719-SS-SJSSA01 (1-2) Lab Sample ID: 320-56911-2

Analyte

2,3,7,8-TCDD

Result

7.0

Qualifier Unit

pg/g 7.0

TEF

WHO 2005

MethodRL

1.7 1
TEQ

0.33
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.1618.6 0.32 1613B
1,2,3,7,8-PeCDF 0.74 J q pg/g 0.0220.038.6 0.13 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0210.38.6 0.14 1613B
1,2,3,4,7,8-HxCDD 0.65 J q pg/g 0.0650.18.6 0.26 1613B
1,2,3,6,7,8-HxCDD 0.96 J q B pg/g 0.0960.18.6 0.28 1613B
1,2,3,7,8,9-HxCDD 2.4 J pg/g 0.240.18.6 0.25 1613B
1,2,3,4,7,8-HxCDF 0.79 J q pg/g 0.0790.18.6 0.14 1613B
1,2,3,6,7,8-HxCDF 0.39 J pg/g 0.0390.18.6 0.13 1613B
1,2,3,7,8,9-HxCDF 0.41 J q pg/g 0.0410.18.6 0.11 1613B
2,3,4,6,7,8-HxCDF 0.20 J q pg/g 0.0200.18.6 0.12 1613B
1,2,3,4,6,7,8-HpCDD 41 B pg/g 0.410.018.6 0.65 1613B
1,2,3,4,6,7,8-HpCDF 2.5 J pg/g 0.0250.018.6 0.23 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.000950.018.6 0.19 1613B
OCDD 1100 B pg/g 0.330.000317 1.8 1613B
OCDF 23 B pg/g 0.00690.000317 0.31 1613B
2,3,7,8-TCDF - RA 21 pg/g 2.10.11.7 0.42 1613B

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA01 (1-2) 
(Continued)

Lab Sample ID: 320-56911-2

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 11
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120719-SS-SJSSA01 (2-4) Lab Sample ID: 320-56911-3

Analyte

2,3,7,8-TCDD

Result

3.4

Qualifier Unit

pg/g 3.4

TEF

WHO 2005

MethodRL

1.9 1
TEQ

0.30
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.1519.3 0.29 1613B
1,2,3,7,8-PeCDF 0.44 J pg/g 0.0130.039.3 0.11 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0180.39.3 0.12 1613B
1,2,3,4,7,8-HxCDD 0.54 J pg/g 0.0540.19.3 0.25 1613B
1,2,3,6,7,8-HxCDD 0.62 J q B pg/g 0.0620.19.3 0.26 1613B
1,2,3,7,8,9-HxCDD 1.5 J pg/g 0.150.19.3 0.24 1613B
1,2,3,4,7,8-HxCDF 0.25 J q pg/g 0.0250.19.3 0.099 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.00480.19.3 0.096 1613B
1,2,3,7,8,9-HxCDF 0.20 J q pg/g 0.0200.19.3 0.085 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00480.19.3 0.095 1613B
1,2,3,4,6,7,8-HpCDD 16 B pg/g 0.160.019.3 0.30 1613B
1,2,3,4,6,7,8-HpCDF 0.86 J pg/g 0.00860.019.3 0.15 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.000700.019.3 0.14 1613B
OCDD 330 B pg/g 0.0990.000319 0.73 1613B
OCDF 4.5 J B pg/g 0.00140.000319 0.23 1613B
2,3,7,8-TCDF - RA 15 pg/g 1.50.11.9 1.5 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 5.7
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120719-SS-SJSSA01 (4-6) Lab Sample ID: 320-56911-4

Analyte

2,3,7,8-TCDD

Result

12

Qualifier Unit

pg/g 12

TEF

WHO 2005

MethodRL

1.7 1
TEQ

0.32
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.1518.7 0.29 1613B
1,2,3,7,8-PeCDF 1.2 J pg/g 0.0360.038.7 0.15 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0260.38.7 0.17 1613B
1,2,3,4,7,8-HxCDD 0.81 J pg/g 0.0810.18.7 0.28 1613B
1,2,3,6,7,8-HxCDD 1.3 J B pg/g 0.130.18.7 0.29 1613B
1,2,3,7,8,9-HxCDD 2.5 J pg/g 0.250.18.7 0.27 1613B
1,2,3,4,7,8-HxCDF 1.7 J pg/g 0.170.18.7 0.15 1613B
1,2,3,6,7,8-HxCDF 0.74 J pg/g 0.0740.18.7 0.14 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00600.18.7 0.12 1613B

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA01 (4-6) 
(Continued)

Lab Sample ID: 320-56911-4

Analyte

2,3,4,6,7,8-HxCDF
Result

ND
Qualifier Unit

pg/g 0.0070
TEF

WHO 2005

MethodRL

8.7 0.1
TEQ

0.14
EDL

ND = ½ EDL

1613B
1,2,3,4,6,7,8-HpCDD 45 B pg/g 0.450.018.7 0.50 1613B
1,2,3,4,6,7,8-HpCDF 3.9 J pg/g 0.0390.018.7 0.17 1613B
1,2,3,4,7,8,9-HpCDF 0.65 J pg/g 0.00650.018.7 0.15 1613B
OCDD 1100 B pg/g 0.330.000317 1.4 1613B
OCDF 35 B pg/g 0.0110.000317 0.22 1613B
2,3,7,8-TCDF - RA 38 pg/g 3.80.11.7 0.37 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 18
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120819-BN-SJSSA09 (0-1) Lab Sample ID: 320-56911-5

Analyte

2,3,7,8-TCDD

Result

3.0

Qualifier Unit

pg/g 3.0

TEF

WHO 2005

MethodRL

1.4 1
TEQ

0.19
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.07017.0 0.14 1613B
1,2,3,7,8-PeCDF 0.35 J q pg/g 0.0110.037.0 0.084 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0140.37.0 0.092 1613B
1,2,3,4,7,8-HxCDD ND pg/g 0.00440.17.0 0.087 1613B
1,2,3,6,7,8-HxCDD 0.31 J B pg/g 0.0310.17.0 0.093 1613B
1,2,3,7,8,9-HxCDD 0.34 J pg/g 0.0340.17.0 0.084 1613B
1,2,3,4,7,8-HxCDF 0.33 J pg/g 0.0330.17.0 0.077 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.00370.17.0 0.073 1613B
1,2,3,7,8,9-HxCDF 0.13 J q pg/g 0.0130.17.0 0.063 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00350.17.0 0.070 1613B
1,2,3,4,6,7,8-HpCDD 7.4 B pg/g 0.0740.017.0 0.20 1613B
1,2,3,4,6,7,8-HpCDF 0.83 J pg/g 0.00830.017.0 0.098 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.000440.017.0 0.087 1613B
OCDD 300 B pg/g 0.0900.000314 0.56 1613B
OCDF 4.4 J B pg/g 0.00130.000314 0.16 1613B
2,3,7,8-TCDF - RA 13 pg/g 1.30.11.4 0.27 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 4.7
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA09 (1-2) Lab Sample ID: 320-56911-6

Analyte

2,3,7,8-TCDD

Result

4.4

Qualifier Unit

pg/g 4.4

TEF

WHO 2005

MethodRL

1.3 1
TEQ

0.19
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.07516.5 0.15 1613B
1,2,3,7,8-PeCDF 0.64 J pg/g 0.0190.036.5 0.075 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0120.36.5 0.079 1613B
1,2,3,4,7,8-HxCDD ND pg/g 0.00480.16.5 0.096 1613B
1,2,3,6,7,8-HxCDD 0.50 J B pg/g 0.0500.16.5 0.099 1613B
1,2,3,7,8,9-HxCDD 0.58 J pg/g 0.0580.16.5 0.091 1613B
1,2,3,4,7,8-HxCDF 0.78 J pg/g 0.0780.16.5 0.079 1613B
1,2,3,6,7,8-HxCDF 0.32 J pg/g 0.0320.16.5 0.074 1613B
1,2,3,7,8,9-HxCDF 0.28 J pg/g 0.0280.16.5 0.067 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00370.16.5 0.073 1613B
1,2,3,4,6,7,8-HpCDD 6.2 J B pg/g 0.0620.016.5 0.14 1613B
1,2,3,4,6,7,8-HpCDF 1.2 J pg/g 0.0120.016.5 0.096 1613B
1,2,3,4,7,8,9-HpCDF 0.35 J q pg/g 0.00350.016.5 0.086 1613B
OCDD 180 B pg/g 0.0540.000313 0.42 1613B
OCDF 3.6 J B pg/g 0.00110.000313 0.15 1613B
2,3,7,8-TCDF - RA 20 pg/g 2.00.11.3 0.41 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 6.9
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120819-BN-SJSSA09 (2-4) Lab Sample ID: 320-56911-7

Analyte

2,3,7,8-TCDD

Result

9.7

Qualifier Unit

pg/g 9.7

TEF

WHO 2005

MethodRL

1.3 1
TEQ

0.13
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.09016.3 0.18 1613B
1,2,3,7,8-PeCDF 1.2 J pg/g 0.0360.036.3 0.11 1613B
2,3,4,7,8-PeCDF 0.61 J pg/g 0.180.36.3 0.11 1613B
1,2,3,4,7,8-HxCDD 0.24 J pg/g 0.0240.16.3 0.090 1613B
1,2,3,6,7,8-HxCDD 0.21 J B q pg/g 0.0210.16.3 0.091 1613B
1,2,3,7,8,9-HxCDD 0.44 J pg/g 0.0440.16.3 0.082 1613B
1,2,3,4,7,8-HxCDF 3.3 J pg/g 0.330.16.3 0.13 1613B
1,2,3,6,7,8-HxCDF 0.82 J pg/g 0.0820.16.3 0.13 1613B
1,2,3,7,8,9-HxCDF 0.46 J pg/g 0.0460.16.3 0.10 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00500.16.3 0.10 1613B
1,2,3,4,6,7,8-HpCDD 6.1 J B pg/g 0.0610.016.3 0.15 1613B
1,2,3,4,6,7,8-HpCDF 1.1 J pg/g 0.0110.016.3 0.068 1613B
1,2,3,4,7,8,9-HpCDF 0.56 J pg/g 0.00560.016.3 0.077 1613B
OCDD 180 B pg/g 0.0540.000313 0.24 1613B
OCDF 4.1 J B pg/g 0.00120.000313 0.10 1613B
2,3,7,8-TCDF - RA 44 pg/g 4.40.11.3 0.29 1613B

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA09 (2-4) 
(Continued)

Lab Sample ID: 320-56911-7

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 15
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120819-BN-SJSSA09 (4-6) Lab Sample ID: 320-56911-8

Analyte

2,3,7,8-TCDD

Result

3.0

Qualifier Unit

pg/g 3.0

TEF

WHO 2005

MethodRL

1.3 1
TEQ

0.13
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.06016.6 0.12 1613B
1,2,3,7,8-PeCDF 0.40 J pg/g 0.0120.036.6 0.086 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0140.36.6 0.092 1613B
1,2,3,4,7,8-HxCDD 0.27 J q pg/g 0.0270.16.6 0.084 1613B
1,2,3,6,7,8-HxCDD 0.19 J B pg/g 0.0190.16.6 0.087 1613B
1,2,3,7,8,9-HxCDD 0.36 J pg/g 0.0360.16.6 0.077 1613B
1,2,3,4,7,8-HxCDF 0.64 J pg/g 0.0640.16.6 0.12 1613B
1,2,3,6,7,8-HxCDF 0.28 J pg/g 0.0280.16.6 0.12 1613B
1,2,3,7,8,9-HxCDF 0.23 J q pg/g 0.0230.16.6 0.089 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00470.16.6 0.094 1613B
1,2,3,4,6,7,8-HpCDD 5.5 J B pg/g 0.0550.016.6 0.13 1613B
1,2,3,4,6,7,8-HpCDF 1.1 J pg/g 0.0110.016.6 0.057 1613B
1,2,3,4,7,8,9-HpCDF 0.32 J pg/g 0.00320.016.6 0.061 1613B
OCDD 130 B pg/g 0.0390.000313 0.19 1613B
OCDF 7.3 J B pg/g 0.00220.000313 0.14 1613B
2,3,7,8-TCDF - RA 14 pg/g 1.40.11.3 0.43 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 4.8
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120819-BN-SJSSA05 (0-1) Lab Sample ID: 320-56911-9

Analyte

2,3,7,8-TCDD

Result

18

Qualifier Unit

pg/g 18

TEF

WHO 2005

MethodRL

1.5 1
TEQ

0.23
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.09017.7 0.18 1613B
1,2,3,7,8-PeCDF 1.8 J pg/g 0.0540.037.7 0.15 1613B
2,3,4,7,8-PeCDF 1.0 J pg/g 0.300.37.7 0.15 1613B
1,2,3,4,7,8-HxCDD 0.37 J pg/g 0.0370.17.7 0.11 1613B
1,2,3,6,7,8-HxCDD 0.56 J B pg/g 0.0560.17.7 0.11 1613B
1,2,3,7,8,9-HxCDD 1.4 J pg/g 0.140.17.7 0.10 1613B
1,2,3,4,7,8-HxCDF 2.1 J pg/g 0.210.17.7 0.14 1613B
1,2,3,6,7,8-HxCDF 0.49 J q pg/g 0.0490.17.7 0.14 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00500.17.7 0.10 1613B

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA05 (0-1) 
(Continued)

Lab Sample ID: 320-56911-9

Analyte

2,3,4,6,7,8-HxCDF
Result

ND
Qualifier Unit

pg/g 0.0055
TEF

WHO 2005

MethodRL

7.7 0.1
TEQ

0.11
EDL

ND = ½ EDL

1613B
1,2,3,4,6,7,8-HpCDD 18 B pg/g 0.180.017.7 0.27 1613B
1,2,3,4,6,7,8-HpCDF 1.5 J pg/g 0.0150.017.7 0.069 1613B
1,2,3,4,7,8,9-HpCDF 0.27 J q pg/g 0.00270.017.7 0.076 1613B
OCDD 550 B pg/g 0.170.000315 0.32 1613B
OCDF 10 J B pg/g 0.00300.000315 0.11 1613B
2,3,7,8-TCDF - RA 78 pg/g 7.80.11.5 0.38 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 27
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120819-BN-SJSSA05 (1-2) Lab Sample ID: 320-56911-10

Analyte

2,3,7,8-TCDD

Result

1.5

Qualifier Unit

pg/g 1.5

TEF

WHO 2005

MethodRL

1.4 1
TEQ

0.13
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.07516.8 0.15 1613B
1,2,3,7,8-PeCDF 0.33 J pg/g 0.00990.036.8 0.091 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0140.36.8 0.094 1613B
1,2,3,4,7,8-HxCDD 0.36 J pg/g 0.0360.16.8 0.083 1613B
1,2,3,6,7,8-HxCDD 0.29 J B q pg/g 0.0290.16.8 0.083 1613B
1,2,3,7,8,9-HxCDD 0.71 J pg/g 0.0710.16.8 0.075 1613B
1,2,3,4,7,8-HxCDF 0.26 J pg/g 0.0260.16.8 0.089 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.00450.16.8 0.090 1613B
1,2,3,7,8,9-HxCDF 0.31 J pg/g 0.0310.16.8 0.065 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00360.16.8 0.071 1613B
1,2,3,4,6,7,8-HpCDD 8.0 B pg/g 0.0800.016.8 0.14 1613B
1,2,3,4,6,7,8-HpCDF 0.49 J pg/g 0.00490.016.8 0.057 1613B
1,2,3,4,7,8,9-HpCDF 0.23 J pg/g 0.00230.016.8 0.061 1613B
OCDD 190 B pg/g 0.0570.000314 0.22 1613B
OCDF 3.4 J B pg/g 0.00100.000314 0.13 1613B
2,3,7,8-TCDF - RA 6.0 pg/g 0.600.11.4 0.21 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 2.5
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA05 (2-4) Lab Sample ID: 320-56911-11

Analyte

2,3,7,8-TCDD

Result

0.76

Qualifier

J q

Unit

pg/g 0.76

TEF

WHO 2005

MethodRL

1.3 1
TEQ

0.15
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.06516.5 0.13 1613B
1,2,3,7,8-PeCDF 0.24 J pg/g 0.00720.036.5 0.10 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0150.36.5 0.10 1613B
1,2,3,4,7,8-HxCDD 0.31 J q pg/g 0.0310.16.5 0.11 1613B
1,2,3,6,7,8-HxCDD 0.41 J B pg/g 0.0410.16.5 0.11 1613B
1,2,3,7,8,9-HxCDD 0.76 J pg/g 0.0760.16.5 0.10 1613B
1,2,3,4,7,8-HxCDF 0.21 J q pg/g 0.0210.16.5 0.12 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.00600.16.5 0.12 1613B
1,2,3,7,8,9-HxCDF 0.20 J q pg/g 0.0200.16.5 0.089 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00470.16.5 0.094 1613B
1,2,3,4,6,7,8-HpCDD 7.2 B pg/g 0.0720.016.5 0.14 1613B
1,2,3,4,6,7,8-HpCDF 0.63 J pg/g 0.00630.016.5 0.055 1613B
1,2,3,4,7,8,9-HpCDF 0.39 J pg/g 0.00390.016.5 0.061 1613B
OCDD 140 B pg/g 0.0420.000313 0.19 1613B
OCDF 4.3 J B pg/g 0.00130.000313 0.10 1613B
2,3,7,8-TCDF - RA 2.9 pg/g 0.290.11.3 0.20 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 1.5
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120819-BN-SJSSA05 (4-6) Lab Sample ID: 320-56911-12

Analyte

2,3,7,8-TCDD

Result

1.3

Qualifier

J q

Unit

pg/g 1.3

TEF

WHO 2005

MethodRL

1.4 1
TEQ

0.16
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.1017.1 0.20 1613B
1,2,3,7,8-PeCDF 0.27 J pg/g 0.00810.037.1 0.13 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0200.37.1 0.13 1613B
1,2,3,4,7,8-HxCDD 0.29 J q pg/g 0.0290.17.1 0.10 1613B
1,2,3,6,7,8-HxCDD 0.31 J B pg/g 0.0310.17.1 0.11 1613B
1,2,3,7,8,9-HxCDD 0.54 J pg/g 0.0540.17.1 0.098 1613B
1,2,3,4,7,8-HxCDF ND pg/g 0.00650.17.1 0.13 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.00700.17.1 0.14 1613B
1,2,3,7,8,9-HxCDF 0.18 J q pg/g 0.0180.17.1 0.096 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00550.17.1 0.11 1613B
1,2,3,4,6,7,8-HpCDD 6.6 J B pg/g 0.0660.017.1 0.17 1613B
1,2,3,4,6,7,8-HpCDF 0.43 J pg/g 0.00430.017.1 0.065 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.000360.017.1 0.071 1613B
OCDD 160 B pg/g 0.0480.000314 0.20 1613B
OCDF 2.4 J B pg/g 0.000720.000314 0.13 1613B
2,3,7,8-TCDF - RA 4.5 pg/g 0.450.11.4 0.21 1613B

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA05 (4-6) 
(Continued)

Lab Sample ID: 320-56911-12

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 2.1
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120819-BN-DUP2 Lab Sample ID: 320-56911-13

Analyte

2,3,7,8-TCDD

Result

2.7

Qualifier Unit

pg/g 2.7

TEF

WHO 2005

MethodRL

1.3 1
TEQ

0.18
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.08016.5 0.16 1613B
1,2,3,7,8-PeCDF 0.38 J pg/g 0.0110.036.5 0.090 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0130.36.5 0.086 1613B
1,2,3,4,7,8-HxCDD 0.45 J pg/g 0.0450.16.5 0.098 1613B
1,2,3,6,7,8-HxCDD 0.38 J B pg/g 0.0380.16.5 0.11 1613B
1,2,3,7,8,9-HxCDD 1.1 J pg/g 0.110.16.5 0.091 1613B
1,2,3,4,7,8-HxCDF 0.28 J pg/g 0.0280.16.5 0.11 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.00600.16.5 0.12 1613B
1,2,3,7,8,9-HxCDF 0.17 J q pg/g 0.0170.16.5 0.081 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00440.16.5 0.088 1613B
1,2,3,4,6,7,8-HpCDD 15 B pg/g 0.150.016.5 0.25 1613B
1,2,3,4,6,7,8-HpCDF 0.77 J pg/g 0.00770.016.5 0.065 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.000330.016.5 0.066 1613B
OCDD 380 B pg/g 0.110.000313 0.34 1613B
OCDF 4.4 J B pg/g 0.00130.000313 0.12 1613B
2,3,7,8-TCDF - RA 9.9 pg/g 0.990.11.3 0.19 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 4.3
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.

Page 36 of 1734



Default Detection Limits
Client: GHD Services Inc. Job ID: 320-56911-1
Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep: HRMS-Sox

5.01,2,3,4,6,7,8-HpCDD pg/g
Analyte UnitsRL

5.01,2,3,4,6,7,8-HpCDF pg/g
5.01,2,3,4,7,8,9-HpCDF pg/g
5.01,2,3,4,7,8-HxCDD pg/g
5.01,2,3,4,7,8-HxCDF pg/g
5.01,2,3,6,7,8-HxCDD pg/g
5.01,2,3,6,7,8-HxCDF pg/g
5.01,2,3,7,8,9-HxCDD pg/g
5.01,2,3,7,8,9-HxCDF pg/g
5.01,2,3,7,8-PeCDD pg/g
5.01,2,3,7,8-PeCDF pg/g
5.02,3,4,6,7,8-HxCDF pg/g
5.02,3,4,7,8-PeCDF pg/g
1.02,3,7,8-TCDD pg/g
1.02,3,7,8-TCDF pg/g
10OCDD pg/g
10OCDF pg/g
5.0Total HpCDD pg/g
5.0Total HpCDF pg/g
5.0Total HxCDD pg/g
5.0Total HxCDF pg/g
5.0Total PeCDD pg/g
5.0Total PeCDF pg/g
1.0Total TCDD pg/g
1.0Total TCDF pg/g

Eurofins TestAmerica, Sacramento
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Surrogate Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (35-197)

37TCDD

92320-56911-1

Percent Surrogate Recovery (Acceptance Limits)

11187072-120719-SS-SJSSA01 (0-1)
95320-56911-1 - RA 11187072-120719-SS-SJSSA0

1 (0-1)
94320-56911-2 11187072-120719-SS-SJSSA0

1 (1-2)
107320-56911-2 - RA 11187072-120719-SS-SJSSA0

1 (1-2)
90320-56911-3 11187072-120719-SS-SJSSA0

1 (2-4)
102320-56911-3 - RA 11187072-120719-SS-SJSSA0

1 (2-4)
97320-56911-4 11187072-120719-SS-SJSSA0

1 (4-6)
105320-56911-4 - RA 11187072-120719-SS-SJSSA0

1 (4-6)
97320-56911-5 11187072-120819-BN-SJSSA0

9 (0-1)
105320-56911-5 - RA 11187072-120819-BN-SJSSA0

9 (0-1)
98320-56911-6 11187072-120819-BN-SJSSA0

9 (1-2)
105320-56911-6 - RA 11187072-120819-BN-SJSSA0

9 (1-2)
95320-56911-7 11187072-120819-BN-SJSSA0

9 (2-4)
98320-56911-7 - RA 11187072-120819-BN-SJSSA0

9 (2-4)
101320-56911-8 11187072-120819-BN-SJSSA0

9 (4-6)
99320-56911-8 - RA 11187072-120819-BN-SJSSA0

9 (4-6)
104320-56911-9 11187072-120819-BN-SJSSA0

5 (0-1)
108320-56911-9 - RA 11187072-120819-BN-SJSSA0

5 (0-1)
104320-56911-10 11187072-120819-BN-SJSSA0

5 (1-2)
102320-56911-10 - RA 11187072-120819-BN-SJSSA0

5 (1-2)
101320-56911-11 11187072-120819-BN-SJSSA0

5 (2-4)
104320-56911-11 - RA 11187072-120819-BN-SJSSA0

5 (2-4)
107320-56911-12 11187072-120819-BN-SJSSA0

5 (4-6)
107320-56911-12 - RA 11187072-120819-BN-SJSSA0

5 (4-6)
104320-56911-13 11187072-120819-BN-DUP2
112320-56911-13 - RA 11187072-120819-BN-DUP2
92MB 320-344634/1-A Method Blank

Surrogate Legend

37TCDD = 37Cl4-2,3,7,8-TCDD

Eurofins TestAmerica, Sacramento

Page 38 of 1734



Surrogate Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund
Method: 1613B - Dioxins and Furans (HRGC/HRMS)

Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (31-191)

37TCDD

94LCS 320-344634/2-A

Percent Surrogate Recovery (Acceptance Limits)

Lab Control Sample
96LCSD 320-344634/3-A Lab Control Sample Dup

Surrogate Legend

37TCDD = 37Cl4-2,3,7,8-TCDD

Eurofins TestAmerica, Sacramento
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Isotope Dilution Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (25-164) (24-169) (25-181) (24-185) (21-178) (32-141) (28-130) (26-152)

TCDD TCDF PeCDD PeCDF PeCF HxCDD HxDD HxCDF

58 52 54 53 57 59 57 52320-56911-1

Percent Isotope Dilution Recovery (Acceptance Limits)

11187072-120719-SS-SJSSA01 (0-1)
54320-56911-1 - RA 11187072-120719-SS-SJSSA0

1 (0-1)
55 49 51 5350 55 55 48320-56911-2 11187072-120719-SS-SJSSA0

1 (1-2)
56320-56911-2 - RA 11187072-120719-SS-SJSSA0

1 (1-2)
54 49 52 5451 58 59 53320-56911-3 11187072-120719-SS-SJSSA0

1 (2-4)
58320-56911-3 - RA 11187072-120719-SS-SJSSA0

1 (2-4)
59 53 57 5957 65 63 58320-56911-4 11187072-120719-SS-SJSSA0

1 (4-6)
60320-56911-4 - RA 11187072-120719-SS-SJSSA0

1 (4-6)
57 51 53 5754 60 61 55320-56911-5 11187072-120819-BN-SJSSA0

9 (0-1)
59320-56911-5 - RA 11187072-120819-BN-SJSSA0

9 (0-1)
54 48 51 5350 56 58 50320-56911-6 11187072-120819-BN-SJSSA0

9 (1-2)
54320-56911-6 - RA 11187072-120819-BN-SJSSA0

9 (1-2)
54 51 58 5551 62 53 55320-56911-7 11187072-120819-BN-SJSSA0

9 (2-4)
55320-56911-7 - RA 11187072-120819-BN-SJSSA0

9 (2-4)
53 49 56 5351 57 49 52320-56911-8 11187072-120819-BN-SJSSA0

9 (4-6)
53320-56911-8 - RA 11187072-120819-BN-SJSSA0

9 (4-6)
60 55 64 6358 69 58 61320-56911-9 11187072-120819-BN-SJSSA0

5 (0-1)
61320-56911-9 - RA 11187072-120819-BN-SJSSA0

5 (0-1)
58 52 60 5856 64 53 55320-56911-10 11187072-120819-BN-SJSSA0

5 (1-2)
56320-56911-10 - RA 11187072-120819-BN-SJSSA0

5 (1-2)
53 50 57 5651 61 52 54320-56911-11 11187072-120819-BN-SJSSA0

5 (2-4)
53320-56911-11 - RA 11187072-120819-BN-SJSSA0

5 (2-4)
58 52 60 5855 64 56 58320-56911-12 11187072-120819-BN-SJSSA0

5 (4-6)
58320-56911-12 - RA 11187072-120819-BN-SJSSA0

5 (4-6)
54 56 62 6155 60 48 51320-56911-13 11187072-120819-BN-DUP2

62320-56911-13 - RA 11187072-120819-BN-DUP2
57 48 52 5550 61 63 54MB 320-344634/1-A Method Blank

Lab Sample ID Client Sample ID (26-123) (29-147) (28-136) (23-140) (28-143) (26-138) (17-157)

HxDF HxCF 13CHxCF HpCDD HpCDF HpCDF2 OCDD

50 48 46 50 44 54 55320-56911-1

Percent Isotope Dilution Recovery (Acceptance Limits)

11187072-120719-SS-SJSSA01 (0-1)

Eurofins TestAmerica, Sacramento
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Isotope Dilution Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund
Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (26-123) (29-147) (28-136) (23-140) (28-143) (26-138) (17-157)

HxDF HxCF 13CHxCF HpCDD HpCDF HpCDF2 OCDD

320-56911-1 - RA

Percent Isotope Dilution Recovery (Acceptance Limits)

11187072-120719-SS-SJSSA01 (0-1)
49 46 45 4248 51 50320-56911-2 11187072-120719-SS-SJSSA0

1 (1-2)
320-56911-2 - RA 11187072-120719-SS-SJSSA0

1 (1-2)
52 48 48 4954 55 59320-56911-3 11187072-120719-SS-SJSSA0

1 (2-4)
320-56911-3 - RA 11187072-120719-SS-SJSSA0

1 (2-4)
56 52 51 5360 61 66320-56911-4 11187072-120719-SS-SJSSA0

1 (4-6)
320-56911-4 - RA 11187072-120719-SS-SJSSA0

1 (4-6)
54 51 49 4855 57 59320-56911-5 11187072-120819-BN-SJSSA0

9 (0-1)
320-56911-5 - RA 11187072-120819-BN-SJSSA0

9 (0-1)
51 47 46 4753 54 58320-56911-6 11187072-120819-BN-SJSSA0

9 (1-2)
320-56911-6 - RA 11187072-120819-BN-SJSSA0

9 (1-2)
48 51 51 5362 63 70320-56911-7 11187072-120819-BN-SJSSA0

9 (2-4)
320-56911-7 - RA 11187072-120819-BN-SJSSA0

9 (2-4)
44 49 48 4959 61 68320-56911-8 11187072-120819-BN-SJSSA0

9 (4-6)
320-56911-8 - RA 11187072-120819-BN-SJSSA0

9 (4-6)
53 58 56 6173 73 85320-56911-9 11187072-120819-BN-SJSSA0

5 (0-1)
320-56911-9 - RA 11187072-120819-BN-SJSSA0

5 (0-1)
48 53 52 5566 67 77320-56911-10 11187072-120819-BN-SJSSA0

5 (1-2)
320-56911-10 - RA 11187072-120819-BN-SJSSA0

5 (1-2)
47 52 50 5263 64 73320-56911-11 11187072-120819-BN-SJSSA0

5 (2-4)
320-56911-11 - RA 11187072-120819-BN-SJSSA0

5 (2-4)
50 56 53 5566 68 74320-56911-12 11187072-120819-BN-SJSSA0

5 (4-6)
320-56911-12 - RA 11187072-120819-BN-SJSSA0

5 (4-6)
44 52 47 4455 59 60320-56911-13 11187072-120819-BN-DUP2

320-56911-13 - RA 11187072-120819-BN-DUP2
57 48 50 5056 55 57MB 320-344634/1-A Method Blank

Surrogate Legend

TCDD = 13C-2,3,7,8-TCDD
TCDF = 13C-2,3,7,8-TCDF
PeCDD = 13C-1,2,3,7,8-PeCDD
PeCDF = 13C-1,2,3,7,8-PeCDF
PeCF = 13C-2,3,4,7,8-PeCDF
HxCDD = 13C-1,2,3,4,7,8-HxCDD

Eurofins TestAmerica, Sacramento
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Isotope Dilution Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund
HxDD = 13C-1,2,3,6,7,8-HxCDD
HxCDF = 13C-1,2,3,4,7,8-HxCDF
HxDF = 13C-1,2,3,6,7,8-HxCDF
HxCF = 13C-1,2,3,7,8,9-HxCDF
13CHxCF = 13C-2,3,4,6,7,8-HxCDF
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF
OCDD = 13C-OCDD

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (20-175) (22-152) (21-227) (21-192) (13-328) (21-193) (25-163) (19-202)

TCDD TCDF PeCDD PeCDF PeCF HxCDD HxDD HxCDF

58 50 54 53 57 62 62 55LCS 320-344634/2-A

Percent Isotope Dilution Recovery (Acceptance Limits)

Lab Control Sample
60 52 56 6055 65 65 58LCSD 320-344634/3-A Lab Control Sample Dup

Lab Sample ID Client Sample ID (21-159) (17-205) (22-176) (26-166) (21-158) (20-186) (13-199)

HxDF HxCF 13CHxCF HpCDD HpCDF HpCDF2 OCDD

56 49 50 57 52 58 61LCS 320-344634/2-A

Percent Isotope Dilution Recovery (Acceptance Limits)

Lab Control Sample
57 52 53 5459 61 66LCSD 320-344634/3-A Lab Control Sample Dup

Surrogate Legend

TCDD = 13C-2,3,7,8-TCDD
TCDF = 13C-2,3,7,8-TCDF
PeCDD = 13C-1,2,3,7,8-PeCDD
PeCDF = 13C-1,2,3,7,8-PeCDF
PeCF = 13C-2,3,4,7,8-PeCDF
HxCDD = 13C-1,2,3,4,7,8-HxCDD
HxDD = 13C-1,2,3,6,7,8-HxCDD
HxCDF = 13C-1,2,3,4,7,8-HxCDF
HxDF = 13C-1,2,3,6,7,8-HxCDF
HxCF = 13C-1,2,3,7,8,9-HxCDF
13CHxCF = 13C-2,3,4,6,7,8-HxCDF
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF
OCDD = 13C-OCDD

Eurofins TestAmerica, Sacramento
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QC Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)

Client Sample ID: Method BlankLab Sample ID: MB 320-344634/1-A
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 345338 Prep Batch: 344634

RL EDL

2,3,7,8-TCDD ND 1.0 0.13 pg/g 12/11/19 08:20 12/13/19 15:00 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.0441.0 pg/g 12/11/19 08:20 12/13/19 15:00 12,3,7,8-TCDF
ND 0.105.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,7,8-PeCDD
ND 0.0725.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,7,8-PeCDF
ND 0.0735.0 pg/g 12/11/19 08:20 12/13/19 15:00 12,3,4,7,8-PeCDF
ND 0.0565.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,4,7,8-HxCDD

0.116 J q 0.0615.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,6,7,8-HxCDD
ND 0.0555.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,7,8,9-HxCDD
ND 0.0575.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,4,7,8-HxCDF
ND 0.0545.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,6,7,8-HxCDF
ND 0.0515.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,7,8,9-HxCDF
ND 0.0545.0 pg/g 12/11/19 08:20 12/13/19 15:00 12,3,4,6,7,8-HxCDF

0.337 J q 0.0535.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,4,6,7,8-HpCDD
ND 0.0875.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,4,6,7,8-HpCDF
ND 0.0845.0 pg/g 12/11/19 08:20 12/13/19 15:00 11,2,3,4,7,8,9-HpCDF

2.53 J 0.1410 pg/g 12/11/19 08:20 12/13/19 15:00 1OCDD
0.585 J 0.1710 pg/g 12/11/19 08:20 12/13/19 15:00 1OCDF

ND 0.131.0 pg/g 12/11/19 08:20 12/13/19 15:00 1Total TCDD
ND 0.0441.0 pg/g 12/11/19 08:20 12/13/19 15:00 1Total TCDF
ND 0.105.0 pg/g 12/11/19 08:20 12/13/19 15:00 1Total PeCDD
ND 0.0735.0 pg/g 12/11/19 08:20 12/13/19 15:00 1Total PeCDF

0.116 J q 0.0575.0 pg/g 12/11/19 08:20 12/13/19 15:00 1Total HxCDD
ND 0.0575.0 pg/g 12/11/19 08:20 12/13/19 15:00 1Total HxCDF

0.574 J q 0.0535.0 pg/g 12/11/19 08:20 12/13/19 15:00 1Total HpCDD
0.189 J q 0.0855.0 pg/g 12/11/19 08:20 12/13/19 15:00 1Total HpCDF

13C-2,3,7,8-TCDD 57 25 - 164 12/13/19 15:00 1

MB MB

Isotope Dilution

12/11/19 08:20

Dil FacPrepared AnalyzedQualifier Limits%Recovery

48 12/11/19 08:20 12/13/19 15:00 113C-2,3,7,8-TCDF 24 - 169

52 12/11/19 08:20 12/13/19 15:00 113C-1,2,3,7,8-PeCDD 25 - 181

50 12/11/19 08:20 12/13/19 15:00 113C-1,2,3,7,8-PeCDF 24 - 185

55 12/11/19 08:20 12/13/19 15:00 113C-2,3,4,7,8-PeCDF 21 - 178

61 12/11/19 08:20 12/13/19 15:00 113C-1,2,3,4,7,8-HxCDD 32 - 141

63 12/11/19 08:20 12/13/19 15:00 113C-1,2,3,6,7,8-HxCDD 28 - 130

54 12/11/19 08:20 12/13/19 15:00 113C-1,2,3,4,7,8-HxCDF 26 - 152

57 12/11/19 08:20 12/13/19 15:00 113C-1,2,3,6,7,8-HxCDF 26 - 123

48 12/11/19 08:20 12/13/19 15:00 113C-1,2,3,7,8,9-HxCDF 29 - 147

50 12/11/19 08:20 12/13/19 15:00 113C-2,3,4,6,7,8-HxCDF 28 - 136

56 12/11/19 08:20 12/13/19 15:00 113C-1,2,3,4,6,7,8-HpCDD 23 - 140

50 12/11/19 08:20 12/13/19 15:00 113C-1,2,3,4,6,7,8-HpCDF 28 - 143

55 12/11/19 08:20 12/13/19 15:00 113C-1,2,3,4,7,8,9-HpCDF 26 - 138

57 12/11/19 08:20 12/13/19 15:00 113C-OCDD 17 - 157

37Cl4-2,3,7,8-TCDD 92 35 - 197 12/13/19 15:00 1

MB MB

Surrogate

12/11/19 08:20

Dil FacPrepared AnalyzedQualifier Limits%Recovery
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QC Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 320-344634/2-A
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 345338 Prep Batch: 344634

2,3,7,8-TCDD 20.0 19.4 pg/g 97 67 - 158
Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

2,3,7,8-TCDF 20.0 18.3 pg/g 91 75 - 158
1,2,3,7,8-PeCDD 100 106 pg/g 106 70 - 142
1,2,3,7,8-PeCDF 100 93.3 pg/g 93 80 - 134
2,3,4,7,8-PeCDF 100 87.9 pg/g 88 68 - 160
1,2,3,4,7,8-HxCDD 100 90.9 pg/g 91 70 - 164
1,2,3,6,7,8-HxCDD 100 97.9 pg/g 98 76 - 134
1,2,3,7,8,9-HxCDD 100 93.0 pg/g 93 64 - 162
1,2,3,4,7,8-HxCDF 100 93.1 pg/g 93 72 - 134
1,2,3,6,7,8-HxCDF 100 100 pg/g 100 84 - 130
1,2,3,7,8,9-HxCDF 100 101 pg/g 101 78 - 130
2,3,4,6,7,8-HxCDF 100 103 pg/g 103 70 - 156
1,2,3,4,6,7,8-HpCDD 100 95.6 pg/g 96 70 - 140
1,2,3,4,6,7,8-HpCDF 100 99.4 pg/g 99 82 - 122
1,2,3,4,7,8,9-HpCDF 100 90.9 pg/g 91 78 - 138
OCDD 200 194 pg/g 97 78 - 144
OCDF 200 188 pg/g 94 63 - 170

13C-2,3,7,8-TCDD 20 - 175

Isotope Dilution

58

LCS LCS

Qualifier Limits%Recovery

5013C-2,3,7,8-TCDF 22 - 152

5413C-1,2,3,7,8-PeCDD 21 - 227

5313C-1,2,3,7,8-PeCDF 21 - 192

5713C-2,3,4,7,8-PeCDF 13 - 328

6213C-1,2,3,4,7,8-HxCDD 21 - 193

6213C-1,2,3,6,7,8-HxCDD 25 - 163

5513C-1,2,3,4,7,8-HxCDF 19 - 202

5613C-1,2,3,6,7,8-HxCDF 21 - 159

4913C-1,2,3,7,8,9-HxCDF 17 - 205

5013C-2,3,4,6,7,8-HxCDF 22 - 176

5713C-1,2,3,4,6,7,8-HpCDD 26 - 166

5213C-1,2,3,4,6,7,8-HpCDF 21 - 158

5813C-1,2,3,4,7,8,9-HpCDF 20 - 186

6113C-OCDD 13 - 199

37Cl4-2,3,7,8-TCDD 31 - 191

Surrogate

94

LCS LCS

Qualifier Limits%Recovery

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 320-344634/3-A
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 345338 Prep Batch: 344634

2,3,7,8-TCDD 20.0 19.3 pg/g 97 67 - 158 0 50
Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

2,3,7,8-TCDF 20.0 18.4 pg/g 92 75 - 158 1 50
1,2,3,7,8-PeCDD 100 104 pg/g 104 70 - 142 2 50
1,2,3,7,8-PeCDF 100 92.5 pg/g 92 80 - 134 1 50
2,3,4,7,8-PeCDF 100 87.2 pg/g 87 68 - 160 1 50
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QC Sample Results
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 320-344634/3-A
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 345338 Prep Batch: 344634

1,2,3,4,7,8-HxCDD 100 91.1 pg/g 91 70 - 164 0 50
Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

1,2,3,6,7,8-HxCDD 100 97.0 pg/g 97 76 - 134 1 50
1,2,3,7,8,9-HxCDD 100 92.2 pg/g 92 64 - 162 1 50
1,2,3,4,7,8-HxCDF 100 91.2 pg/g 91 72 - 134 2 50
1,2,3,6,7,8-HxCDF 100 99.2 pg/g 99 84 - 130 1 50
1,2,3,7,8,9-HxCDF 100 99.4 pg/g 99 78 - 130 2 50
2,3,4,6,7,8-HxCDF 100 101 pg/g 101 70 - 156 2 50
1,2,3,4,6,7,8-HpCDD 100 95.1 pg/g 95 70 - 140 1 50
1,2,3,4,6,7,8-HpCDF 100 99.1 pg/g 99 82 - 122 0 50
1,2,3,4,7,8,9-HpCDF 100 90.3 pg/g 90 78 - 138 1 50
OCDD 200 189 pg/g 94 78 - 144 3 50
OCDF 200 182 pg/g 91 63 - 170 3 50

13C-2,3,7,8-TCDD 20 - 175

Isotope Dilution

60

LCSD LCSD

Qualifier Limits%Recovery

5213C-2,3,7,8-TCDF 22 - 152

5613C-1,2,3,7,8-PeCDD 21 - 227

5513C-1,2,3,7,8-PeCDF 21 - 192

6013C-2,3,4,7,8-PeCDF 13 - 328

6513C-1,2,3,4,7,8-HxCDD 21 - 193

6513C-1,2,3,6,7,8-HxCDD 25 - 163

5813C-1,2,3,4,7,8-HxCDF 19 - 202

5713C-1,2,3,6,7,8-HxCDF 21 - 159

5213C-1,2,3,7,8,9-HxCDF 17 - 205

5313C-2,3,4,6,7,8-HxCDF 22 - 176

5913C-1,2,3,4,6,7,8-HpCDD 26 - 166

5413C-1,2,3,4,6,7,8-HpCDF 21 - 158

6113C-1,2,3,4,7,8,9-HpCDF 20 - 186

6613C-OCDD 13 - 199

37Cl4-2,3,7,8-TCDD 31 - 191

Surrogate

96

LCSD LCSD

Qualifier Limits%Recovery
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QC Association Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Specialty Organics

Prep Batch: 344634

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment HRMS-Sox320-56911-1 - RA 11187072-120719-SS-SJSSA01 (0-1) Total/NA
Sediment HRMS-Sox320-56911-1 11187072-120719-SS-SJSSA01 (0-1) Total/NA
Sediment HRMS-Sox320-56911-2 - RA 11187072-120719-SS-SJSSA01 (1-2) Total/NA
Sediment HRMS-Sox320-56911-2 11187072-120719-SS-SJSSA01 (1-2) Total/NA
Sediment HRMS-Sox320-56911-3 - RA 11187072-120719-SS-SJSSA01 (2-4) Total/NA
Sediment HRMS-Sox320-56911-3 11187072-120719-SS-SJSSA01 (2-4) Total/NA
Sediment HRMS-Sox320-56911-4 - RA 11187072-120719-SS-SJSSA01 (4-6) Total/NA
Sediment HRMS-Sox320-56911-4 11187072-120719-SS-SJSSA01 (4-6) Total/NA
Sediment HRMS-Sox320-56911-5 - RA 11187072-120819-BN-SJSSA09 (0-1) Total/NA
Sediment HRMS-Sox320-56911-5 11187072-120819-BN-SJSSA09 (0-1) Total/NA
Sediment HRMS-Sox320-56911-6 - RA 11187072-120819-BN-SJSSA09 (1-2) Total/NA
Sediment HRMS-Sox320-56911-6 11187072-120819-BN-SJSSA09 (1-2) Total/NA
Sediment HRMS-Sox320-56911-7 11187072-120819-BN-SJSSA09 (2-4) Total/NA
Sediment HRMS-Sox320-56911-7 - RA 11187072-120819-BN-SJSSA09 (2-4) Total/NA
Sediment HRMS-Sox320-56911-8 11187072-120819-BN-SJSSA09 (4-6) Total/NA
Sediment HRMS-Sox320-56911-8 - RA 11187072-120819-BN-SJSSA09 (4-6) Total/NA
Sediment HRMS-Sox320-56911-9 11187072-120819-BN-SJSSA05 (0-1) Total/NA
Sediment HRMS-Sox320-56911-9 - RA 11187072-120819-BN-SJSSA05 (0-1) Total/NA
Sediment HRMS-Sox320-56911-10 11187072-120819-BN-SJSSA05 (1-2) Total/NA
Sediment HRMS-Sox320-56911-10 - RA 11187072-120819-BN-SJSSA05 (1-2) Total/NA
Sediment HRMS-Sox320-56911-11 11187072-120819-BN-SJSSA05 (2-4) Total/NA
Sediment HRMS-Sox320-56911-11 - RA 11187072-120819-BN-SJSSA05 (2-4) Total/NA
Sediment HRMS-Sox320-56911-12 11187072-120819-BN-SJSSA05 (4-6) Total/NA
Sediment HRMS-Sox320-56911-12 - RA 11187072-120819-BN-SJSSA05 (4-6) Total/NA
Sediment HRMS-Sox320-56911-13 11187072-120819-BN-DUP2 Total/NA
Sediment HRMS-Sox320-56911-13 - RA 11187072-120819-BN-DUP2 Total/NA
Sediment HRMS-SoxMB 320-344634/1-A Method Blank Total/NA
Sediment HRMS-SoxLCS 320-344634/2-A Lab Control Sample Total/NA
Sediment HRMS-SoxLCSD 320-344634/3-A Lab Control Sample Dup Total/NA

Analysis Batch: 345335

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 344634320-56911-7 11187072-120819-BN-SJSSA09 (2-4) Total/NA
Sediment 1613B 344634320-56911-8 11187072-120819-BN-SJSSA09 (4-6) Total/NA
Sediment 1613B 344634320-56911-9 11187072-120819-BN-SJSSA05 (0-1) Total/NA
Sediment 1613B 344634320-56911-10 11187072-120819-BN-SJSSA05 (1-2) Total/NA
Sediment 1613B 344634320-56911-11 11187072-120819-BN-SJSSA05 (2-4) Total/NA
Sediment 1613B 344634320-56911-12 11187072-120819-BN-SJSSA05 (4-6) Total/NA
Sediment 1613B 344634320-56911-13 11187072-120819-BN-DUP2 Total/NA

Analysis Batch: 345338

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 344634320-56911-1 11187072-120719-SS-SJSSA01 (0-1) Total/NA
Sediment 1613B 344634320-56911-2 11187072-120719-SS-SJSSA01 (1-2) Total/NA
Sediment 1613B 344634320-56911-3 11187072-120719-SS-SJSSA01 (2-4) Total/NA
Sediment 1613B 344634320-56911-4 11187072-120719-SS-SJSSA01 (4-6) Total/NA
Sediment 1613B 344634320-56911-5 11187072-120819-BN-SJSSA09 (0-1) Total/NA
Sediment 1613B 344634320-56911-6 11187072-120819-BN-SJSSA09 (1-2) Total/NA
Sediment 1613B 344634MB 320-344634/1-A Method Blank Total/NA
Sediment 1613B 344634LCS 320-344634/2-A Lab Control Sample Total/NA
Sediment 1613B 344634LCSD 320-344634/3-A Lab Control Sample Dup Total/NA
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QC Association Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Specialty Organics

Analysis Batch: 345960

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 344634320-56911-3 - RA 11187072-120719-SS-SJSSA01 (2-4) Total/NA
Sediment 1613B 344634320-56911-4 - RA 11187072-120719-SS-SJSSA01 (4-6) Total/NA
Sediment 1613B 344634320-56911-5 - RA 11187072-120819-BN-SJSSA09 (0-1) Total/NA
Sediment 1613B 344634320-56911-6 - RA 11187072-120819-BN-SJSSA09 (1-2) Total/NA
Sediment 1613B 344634320-56911-7 - RA 11187072-120819-BN-SJSSA09 (2-4) Total/NA
Sediment 1613B 344634320-56911-8 - RA 11187072-120819-BN-SJSSA09 (4-6) Total/NA
Sediment 1613B 344634320-56911-9 - RA 11187072-120819-BN-SJSSA05 (0-1) Total/NA
Sediment 1613B 344634320-56911-10 - RA 11187072-120819-BN-SJSSA05 (1-2) Total/NA
Sediment 1613B 344634320-56911-11 - RA 11187072-120819-BN-SJSSA05 (2-4) Total/NA
Sediment 1613B 344634320-56911-12 - RA 11187072-120819-BN-SJSSA05 (4-6) Total/NA
Sediment 1613B 344634320-56911-13 - RA 11187072-120819-BN-DUP2 Total/NA

Analysis Batch: 346137

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 344634320-56911-1 - RA 11187072-120719-SS-SJSSA01 (0-1) Total/NA
Sediment 1613B 344634320-56911-2 - RA 11187072-120719-SS-SJSSA01 (1-2) Total/NA

General Chemistry

Analysis Batch: 344979

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment D 2216320-56911-1 11187072-120719-SS-SJSSA01 (0-1) Total/NA
Sediment D 2216320-56911-5 11187072-120819-BN-SJSSA09 (0-1) Total/NA
Sediment D 2216320-56911-6 11187072-120819-BN-SJSSA09 (1-2) Total/NA
Sediment D 2216320-56911-7 11187072-120819-BN-SJSSA09 (2-4) Total/NA
Sediment D 2216320-56911-8 11187072-120819-BN-SJSSA09 (4-6) Total/NA
Sediment D 2216320-56911-9 11187072-120819-BN-SJSSA05 (0-1) Total/NA
Sediment D 2216320-56911-10 11187072-120819-BN-SJSSA05 (1-2) Total/NA
Sediment D 2216320-56911-11 11187072-120819-BN-SJSSA05 (2-4) Total/NA
Sediment D 2216320-56911-12 11187072-120819-BN-SJSSA05 (4-6) Total/NA
Sediment D 2216320-56911-13 11187072-120819-BN-DUP2 Total/NA
Sediment D 2216320-56911-8 DU 11187072-120819-BN-SJSSA09 (4-6) Total/NA

Analysis Batch: 345327

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment D 2216320-56911-2 11187072-120719-SS-SJSSA01 (1-2) Total/NA
Sediment D 2216320-56911-3 11187072-120719-SS-SJSSA01 (2-4) Total/NA
Sediment D 2216320-56911-4 11187072-120719-SS-SJSSA01 (4-6) Total/NA
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Lab Chronicle
Client: GHD Services Inc. Job ID: 320-56911-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA01 (0-1) Lab Sample ID: 320-56911-1
Matrix: SedimentDate Collected: 12/07/19 15:10

Date Received: 12/10/19 09:20

Analysis D 2216 12/12/19 11:45 HRB1 344979 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120719-SS-SJSSA01 (0-1) Lab Sample ID: 320-56911-1
Matrix: SedimentDate Collected: 12/07/19 15:10

Percent Solids: 45.2Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMHRA 344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 346137 12/17/19 16:06 ALM TAL SACTotal/NA

Prep HRMS-Sox 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B 1 345338 12/13/19 17:23 ALM TAL SACTotal/NA

Client Sample ID: 11187072-120719-SS-SJSSA01 (1-2) Lab Sample ID: 320-56911-2
Matrix: SedimentDate Collected: 12/07/19 15:15

Date Received: 12/10/19 09:20

Analysis D 2216 12/13/19 14:32 HRB1 345327 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120719-SS-SJSSA01 (1-2) Lab Sample ID: 320-56911-2
Matrix: SedimentDate Collected: 12/07/19 15:15

Percent Solids: 57.4Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMHRA 344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 346137 12/17/19 16:44 ALM TAL SACTotal/NA

Prep HRMS-Sox 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B 1 345338 12/13/19 18:11 ALM TAL SACTotal/NA

Client Sample ID: 11187072-120719-SS-SJSSA01 (2-4) Lab Sample ID: 320-56911-3
Matrix: SedimentDate Collected: 12/07/19 15:20

Date Received: 12/10/19 09:20

Analysis D 2216 12/13/19 14:32 HRB1 345327 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120719-SS-SJSSA01 (2-4) Lab Sample ID: 320-56911-3
Matrix: SedimentDate Collected: 12/07/19 15:20

Percent Solids: 53.6Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMHRA 344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 345960 12/16/19 21:18 SMA TAL SACTotal/NA

Prep HRMS-Sox 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B 1 345338 12/13/19 18:59 ALM TAL SACTotal/NA
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Lab Chronicle
Client: GHD Services Inc. Job ID: 320-56911-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120719-SS-SJSSA01 (4-6) Lab Sample ID: 320-56911-4
Matrix: SedimentDate Collected: 12/07/19 15:25

Date Received: 12/10/19 09:20

Analysis D 2216 12/13/19 14:32 HRB1 345327 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120719-SS-SJSSA01 (4-6) Lab Sample ID: 320-56911-4
Matrix: SedimentDate Collected: 12/07/19 15:25

Percent Solids: 57.2Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMHRA 344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 345960 12/16/19 21:56 SMA TAL SACTotal/NA

Prep HRMS-Sox 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B 1 345338 12/13/19 19:47 ALM TAL SACTotal/NA

Client Sample ID: 11187072-120819-BN-SJSSA09 (0-1) Lab Sample ID: 320-56911-5
Matrix: SedimentDate Collected: 12/08/19 13:15

Date Received: 12/10/19 09:20

Analysis D 2216 12/12/19 11:45 HRB1 344979 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120819-BN-SJSSA09 (0-1) Lab Sample ID: 320-56911-5
Matrix: SedimentDate Collected: 12/08/19 13:15

Percent Solids: 71.0Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMHRA 344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 345960 12/16/19 22:35 SMA TAL SACTotal/NA

Prep HRMS-Sox 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B 1 345338 12/13/19 20:35 ALM TAL SACTotal/NA

Client Sample ID: 11187072-120819-BN-SJSSA09 (1-2) Lab Sample ID: 320-56911-6
Matrix: SedimentDate Collected: 12/08/19 13:20

Date Received: 12/10/19 09:20

Analysis D 2216 12/12/19 11:45 HRB1 344979 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120819-BN-SJSSA09 (1-2) Lab Sample ID: 320-56911-6
Matrix: SedimentDate Collected: 12/08/19 13:20

Percent Solids: 75.2Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMHRA 344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 345960 12/16/19 23:13 SMA TAL SACTotal/NA

Prep HRMS-Sox 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B 1 345338 12/13/19 21:23 ALM TAL SACTotal/NA

Eurofins TestAmerica, Sacramento
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Lab Chronicle
Client: GHD Services Inc. Job ID: 320-56911-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA09 (2-4) Lab Sample ID: 320-56911-7
Matrix: SedimentDate Collected: 12/08/19 13:25

Date Received: 12/10/19 09:20

Analysis D 2216 12/12/19 11:45 HRB1 344979 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120819-BN-SJSSA09 (2-4) Lab Sample ID: 320-56911-7
Matrix: SedimentDate Collected: 12/08/19 13:25

Percent Solids: 78.4Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMH344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B 1 345335 12/13/19 16:21 ALM TAL SACTotal/NA

Prep HRMS-Sox RA 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B RA 1 345960 12/16/19 23:51 SMA TAL SACTotal/NA

Client Sample ID: 11187072-120819-BN-SJSSA09 (4-6) Lab Sample ID: 320-56911-8
Matrix: SedimentDate Collected: 12/08/19 13:30

Date Received: 12/10/19 09:20

Analysis D 2216 12/12/19 11:45 HRB1 344979 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120819-BN-SJSSA09 (4-6) Lab Sample ID: 320-56911-8
Matrix: SedimentDate Collected: 12/08/19 13:30

Percent Solids: 75.4Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMH344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B 1 345335 12/13/19 17:07 ALM TAL SACTotal/NA

Prep HRMS-Sox RA 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B RA 1 345960 12/17/19 00:29 SMA TAL SACTotal/NA

Client Sample ID: 11187072-120819-BN-SJSSA05 (0-1) Lab Sample ID: 320-56911-9
Matrix: SedimentDate Collected: 12/08/19 15:10

Date Received: 12/10/19 09:20

Analysis D 2216 12/12/19 11:45 HRB1 344979 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120819-BN-SJSSA05 (0-1) Lab Sample ID: 320-56911-9
Matrix: SedimentDate Collected: 12/08/19 15:10

Percent Solids: 64.1Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMH344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B 1 345335 12/13/19 17:53 ALM TAL SACTotal/NA

Prep HRMS-Sox RA 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B RA 1 345960 12/17/19 01:08 SMA TAL SACTotal/NA

Eurofins TestAmerica, Sacramento
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Lab Chronicle
Client: GHD Services Inc. Job ID: 320-56911-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-SJSSA05 (1-2) Lab Sample ID: 320-56911-10
Matrix: SedimentDate Collected: 12/08/19 15:15

Date Received: 12/10/19 09:20

Analysis D 2216 12/12/19 11:45 HRB1 344979 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120819-BN-SJSSA05 (1-2) Lab Sample ID: 320-56911-10
Matrix: SedimentDate Collected: 12/08/19 15:15

Percent Solids: 71.3Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMH344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B 1 345335 12/13/19 18:39 ALM TAL SACTotal/NA

Prep HRMS-Sox RA 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B RA 1 345960 12/17/19 01:46 SMA TAL SACTotal/NA

Client Sample ID: 11187072-120819-BN-SJSSA05 (2-4) Lab Sample ID: 320-56911-11
Matrix: SedimentDate Collected: 12/08/19 15:20

Date Received: 12/10/19 09:20

Analysis D 2216 12/12/19 11:45 HRB1 344979 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120819-BN-SJSSA05 (2-4) Lab Sample ID: 320-56911-11
Matrix: SedimentDate Collected: 12/08/19 15:20

Percent Solids: 75.8Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMH344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B 1 345335 12/13/19 19:25 ALM TAL SACTotal/NA

Prep HRMS-Sox RA 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B RA 1 345960 12/17/19 02:24 SMA TAL SACTotal/NA

Client Sample ID: 11187072-120819-BN-SJSSA05 (4-6) Lab Sample ID: 320-56911-12
Matrix: SedimentDate Collected: 12/08/19 15:25

Date Received: 12/10/19 09:20

Analysis D 2216 12/12/19 11:45 HRB1 344979 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120819-BN-SJSSA05 (4-6) Lab Sample ID: 320-56911-12
Matrix: SedimentDate Collected: 12/08/19 15:25

Percent Solids: 68.5Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMH344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B 1 345335 12/13/19 20:11 ALM TAL SACTotal/NA

Prep HRMS-Sox RA 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B RA 1 345960 12/17/19 03:03 SMA TAL SACTotal/NA

Eurofins TestAmerica, Sacramento
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Lab Chronicle
Client: GHD Services Inc. Job ID: 320-56911-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120819-BN-DUP2 Lab Sample ID: 320-56911-13
Matrix: SedimentDate Collected: 12/08/19 00:00

Date Received: 12/10/19 09:20

Analysis D 2216 12/12/19 11:45 HRB1 344979 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120819-BN-DUP2 Lab Sample ID: 320-56911-13
Matrix: SedimentDate Collected: 12/08/19 00:00

Percent Solids: 76.5Date Received: 12/10/19 09:20

Prep HRMS-Sox 12/11/19 08:20 JMH344634 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B 1 345335 12/13/19 20:57 ALM TAL SACTotal/NA

Prep HRMS-Sox RA 344634 12/11/19 08:20 JMH TAL SACTotal/NA
Analysis 1613B RA 1 345960 12/17/19 03:41 SMA TAL SACTotal/NA

Laboratory References:

TAL SAC = Eurofins TestAmerica, Sacramento, 880 Riverside Parkway, West Sacramento, CA 95605, TEL (916)373-5600

Eurofins TestAmerica, Sacramento
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Accreditation/Certification Summary
Client: GHD Services Inc. Job ID: 320-56911-1
Project/Site: San Jacinto River Waste Pits Superfund

Laboratory: Eurofins TestAmerica, Sacramento
Unless otherwise noted, all analytes for this laboratory were covered under each accreditation/certification below.

Authority Program Identification Number Expiration Date

Texas T104704399NELAP 05-31-20

The following analytes are included in this report, but the laboratory is not certified by the governing authority.  This list may include analytes for which 
the agency does not offer certification.  
Analysis Method Prep Method Matrix Analyte
1613B HRMS-Sox Sediment 1,2,3,4,6,7,8-HpCDD
1613B HRMS-Sox Sediment 1,2,3,4,6,7,8-HpCDF
1613B HRMS-Sox Sediment 1,2,3,4,7,8,9-HpCDF
1613B HRMS-Sox Sediment 1,2,3,4,7,8-HxCDD
1613B HRMS-Sox Sediment 1,2,3,4,7,8-HxCDF
1613B HRMS-Sox Sediment 1,2,3,6,7,8-HxCDD
1613B HRMS-Sox Sediment 1,2,3,6,7,8-HxCDF
1613B HRMS-Sox Sediment 1,2,3,7,8,9-HxCDD
1613B HRMS-Sox Sediment 1,2,3,7,8,9-HxCDF
1613B HRMS-Sox Sediment 1,2,3,7,8-PeCDD
1613B HRMS-Sox Sediment 1,2,3,7,8-PeCDF
1613B HRMS-Sox Sediment 2,3,4,6,7,8-HxCDF
1613B HRMS-Sox Sediment 2,3,4,7,8-PeCDF
1613B HRMS-Sox Sediment 2,3,7,8-TCDD
1613B HRMS-Sox Sediment 2,3,7,8-TCDF
1613B HRMS-Sox Sediment OCDD
1613B HRMS-Sox Sediment OCDF
1613B HRMS-Sox Sediment Total HpCDD
1613B HRMS-Sox Sediment Total HpCDF
1613B HRMS-Sox Sediment Total HxCDD
1613B HRMS-Sox Sediment Total HxCDF
1613B HRMS-Sox Sediment Total PeCDD
1613B HRMS-Sox Sediment Total PeCDF
1613B HRMS-Sox Sediment Total TCDD
1613B HRMS-Sox Sediment Total TCDF
D 2216 Sediment Percent Moisture
D 2216 Sediment Percent Solids

Laboratory: Eurofins TestAmerica, Pittsburgh
The accreditations/certifications listed below are applicable to this report.

Authority Program Identification Number Expiration Date

Texas T104704528-15-2NELAP 03-31-20

Eurofins TestAmerica, Sacramento
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Method Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method Method Description LaboratoryProtocol

40CFR136A1613B Dioxins and Furans (HRGC/HRMS) TAL SAC
TAL SOPTEQ Total TEQ Calculation TAL SAC
ASTMD 2216 Percent Moisture TAL SAC
EPAHRMS-Sox Soxhlet Extraction TAL SAC

Protocol References:

40CFR136A = "Methods for Organic Chemical Analysis of Municipal Industrial Wastewater", 40CFR, Part 136, Appendix A,  October 26, 1984 and 
subsequent revisions.
ASTM = ASTM International
EPA = US Environmental Protection Agency
TAL SOP = TestAmerica Laboratories, Standard Operating Procedure

Laboratory References:

TAL SAC = Eurofins TestAmerica, Sacramento, 880 Riverside Parkway, West Sacramento, CA 95605, TEL (916)373-5600

Eurofins TestAmerica, Sacramento
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Sample Summary
Job ID: 320-56911-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID Client Sample ID ReceivedCollectedMatrix Asset ID

320-56911-1 11187072-120719-SS-SJSSA01 (0-1) Sediment 12/07/19 15:10 12/10/19 09:20
320-56911-2 11187072-120719-SS-SJSSA01 (1-2) Sediment 12/07/19 15:15 12/10/19 09:20
320-56911-3 11187072-120719-SS-SJSSA01 (2-4) Sediment 12/07/19 15:20 12/10/19 09:20
320-56911-4 11187072-120719-SS-SJSSA01 (4-6) Sediment 12/07/19 15:25 12/10/19 09:20
320-56911-5 11187072-120819-BN-SJSSA09 (0-1) Sediment 12/08/19 13:15 12/10/19 09:20
320-56911-6 11187072-120819-BN-SJSSA09 (1-2) Sediment 12/08/19 13:20 12/10/19 09:20
320-56911-7 11187072-120819-BN-SJSSA09 (2-4) Sediment 12/08/19 13:25 12/10/19 09:20
320-56911-8 11187072-120819-BN-SJSSA09 (4-6) Sediment 12/08/19 13:30 12/10/19 09:20
320-56911-9 11187072-120819-BN-SJSSA05 (0-1) Sediment 12/08/19 15:10 12/10/19 09:20
320-56911-10 11187072-120819-BN-SJSSA05 (1-2) Sediment 12/08/19 15:15 12/10/19 09:20
320-56911-11 11187072-120819-BN-SJSSA05 (2-4) Sediment 12/08/19 15:20 12/10/19 09:20
320-56911-12 11187072-120819-BN-SJSSA05 (4-6) Sediment 12/08/19 15:25 12/10/19 09:20
320-56911-13 11187072-120819-BN-DUP2 Sediment 12/08/19 00:00 12/10/19 09:20

Eurofins TestAmerica, Sacramento
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56911-1

Instrument ID: Analysis Batch Number:10D5 345335

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-7 11187072-120819-BN-SJSSA09 (2-4)

13DE1910D5_7.d12/13/19 16:21 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDD Split Peak dadunj 12/16/19 10:3618.10
1,2,3,4,7,8-HxCDD Split Peak dadunj 12/16/19 10:3631.78
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/16/19 10:3731.89
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/16/19 10:3733.82

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-8 11187072-120819-BN-SJSSA09 (4-6)

13DE1910D5_8.d12/13/19 17:07 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDD Split Peak dadunj 12/16/19 10:3918.10
1,2,3,7,8-PeCDF Split Peak dadunj 12/16/19 10:3922.41
1,2,3,4,7,8-HxCDF Split Peak dadunj 12/16/19 10:3930.58
1,2,3,6,7,8-HxCDF Split Peak dadunj 12/16/19 10:4030.77
1,2,3,4,7,8-HxCDD Split Peak dadunj 12/16/19 10:4031.77
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/16/19 10:4031.88
1,2,3,7,8,9-HxCDD Baseline dadunj 12/16/19 10:4032.22

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-9 11187072-120819-BN-SJSSA05 (0-1)

13DE1910D5_9.d12/13/19 17:53 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDD Split Peak dadunj 12/16/19 10:4318.10
1,2,3,7,8-PeCDF Baseline dadunj 12/16/19 10:4422.43
1,2,3,4,7,8-HxCDD Split Peak dadunj 12/16/19 10:4531.78
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/16/19 10:4531.89
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/16/19 10:4533.82

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56911-1

Instrument ID: Analysis Batch Number:10D5 345335

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-10 11187072-120819-BN-SJSSA05 (1-2)

13DE1910D5_10.d12/13/19 18:39 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDF Split Peak dadunj 12/16/19 10:4817.40
1,2,3,7,8-PeCDF Baseline dadunj 12/16/19 10:4922.41
1,2,3,4,7,8-HxCDD Split Peak dadunj 12/16/19 10:4931.77
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/16/19 10:5031.89
1,2,3,7,8,9-HxCDF Baseline dadunj 12/16/19 10:4932.39
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/16/19 10:5033.82
1,2,3,4,7,8,9-HpCDF Split Peak dadunj 12/16/19 10:5034.89

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-11 11187072-120819-BN-SJSSA05 (2-4)

13DE1910D5_11.d12/13/19 19:25 GC Column: DB-5 ID: 0.32(mm)

1,2,3,7,8-PeCDF Baseline dadunj 12/16/19 10:5222.44
1,2,3,4,7,8-HxCDF Baseline dadunj 12/16/19 10:5230.58
1,2,3,4,7,8-HxCDD Invalid Compound ID dadunj 12/16/19 10:5331.78
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/16/19 10:5331.89
1,2,3,7,8,9-HxCDF Baseline dadunj 12/16/19 10:5332.39

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-12 11187072-120819-BN-SJSSA05 (4-6)

13DE1910D5_12.d12/13/19 20:11 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDF Split Peak dadunj 12/16/19 10:5517.39
2,3,7,8-TCDD Split Peak dadunj 12/16/19 10:5618.10
1,2,3,7,8-PeCDF Baseline dadunj 12/16/19 10:5622.40
1,2,3,4,7,8-HxCDD Split Peak dadunj 12/16/19 10:5731.77
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/16/19 10:5731.89
1,2,3,7,8,9-HxCDD Split Peak dadunj 12/16/19 10:5732.21

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56911-1

Instrument ID: Analysis Batch Number:10D5 345335

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-13 11187072-120819-BN-DUP2

13DE1910D5_13.d12/13/19 20:57 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDD Split Peak dadunj 12/16/19 10:5918.11
1,2,3,7,8-PeCDF Baseline dadunj 12/16/19 10:5922.44
1,2,3,4,7,8-HxCDF Baseline dadunj 12/16/19 11:0030.58
1,2,3,4,7,8-HxCDD Split Peak dadunj 12/16/19 11:0131.78
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/16/19 11:0131.89
1,2,3,7,8,9-HxCDD Invalid Compound ID dadunj 12/16/19 11:0132.21
1,2,3,7,8,9-HxCDF Baseline dadunj 12/16/19 11:0032.39
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/16/19 11:0133.82

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56911-1

Instrument ID: Analysis Batch Number:11D2 345960

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

CPS 320-345960/1

16DE19A11D2_001.d12/16/19 19:16 GC Column: DB-225 ID: 0.32(mm)

2,3,7,8-TCDD Unspecified

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-11 RA 11187072-120819-BN-SJSSA05 (2-4) RA

16DE19A11D2_012.d12/17/19 02:24 GC Column: DB-225 ID: 0.32(mm)

2,3,7,8-TCDF Baseline arghestan
is

12/17/19 09:3616.59

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-13 RA 11187072-120819-BN-DUP2 RA

16DE19A11D2_014.d12/17/19 03:41 GC Column: DB-225 ID: 0.32(mm)

2,3,7,8-TCDF Baseline arghestan
is

12/17/19 09:3716.60

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56911-1

Instrument ID: Analysis Batch Number:DFS 1 345338

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

MB 320-344634/1-A

13de19dfs1_5.d12/13/19 15:00 GC Column: DB-5 ID: 0.32(mm)

1,2,3,4,7,8-HxCDD Invalid Compound ID dadunj 12/17/19 09:15
1,2,3,4,6,7,8-HpCDD Split Peak dadunj 12/17/19 09:1538.90
OCDF Baseline dadunj 12/17/19 09:1741.45

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-1 11187072-120719-SS-SJSSA01 (0-1)

13de19dfs1_8.d12/13/19 17:23 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDD Split Peak dadunj 12/17/19 09:2019.90
1,2,3,7,8-PeCDF Split Peak dadunj 12/17/19 09:2025.84
1,2,3,4,7,8-HxCDF Split Peak dadunj 12/17/19 09:2133.75
1,2,3,6,7,8-HxCDF Invalid Compound ID dadunj 12/17/19 09:2233.97
2,3,4,6,7,8-HxCDF Split Peak dadunj 12/17/19 09:2234.94
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/17/19 09:2337.90

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-2 11187072-120719-SS-SJSSA01 (1-2)

13de19dfs1_9.d12/13/19 18:11 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDD Split Peak dadunj 12/17/19 09:2619.92
1,2,3,4,7,8-HxCDF Split Peak dadunj 12/17/19 09:2733.76
1,2,3,6,7,8-HxCDF Split Peak dadunj 12/17/19 09:2733.98
2,3,4,6,7,8-HxCDF Split Peak dadunj 12/17/19 09:2734.93
1,2,3,4,7,8-HxCDD Invalid Compound ID dadunj 12/17/19 09:2935.16
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/17/19 09:2935.32
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/17/19 09:2937.90

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56911-1

Instrument ID: Analysis Batch Number:DFS 1 345338

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-3 11187072-120719-SS-SJSSA01 (2-4)

13de19dfs1_10.d12/13/19 18:59 GC Column: DB-5 ID: 0.32(mm)

1,2,3,7,8-PeCDF Baseline dadunj 12/17/19 09:3125.79
1,2,3,4,7,8-HxCDF Split Peak dadunj 12/17/19 09:3233.73
1,2,3,4,7,8-HxCDD Invalid Compound ID dadunj 12/17/19 09:3235.17
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/17/19 09:3235.32
1,2,3,7,8,9-HxCDF Baseline dadunj 12/17/19 09:3235.90

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-4 11187072-120719-SS-SJSSA01 (4-6)

13de19dfs1_11.d12/13/19 19:47 GC Column: DB-5 ID: 0.32(mm)

2,3,4,6,7,8-HxCDF Invalid Compound ID dadunj 12/17/19 09:37
2,3,7,8-TCDD Split Peak dadunj 12/17/19 09:3619.93
1,2,3,4,7,8-HxCDF Split Peak dadunj 12/17/19 09:3733.78
1,2,3,6,7,8-HxCDF Invalid Compound ID dadunj 12/17/19 09:3733.93

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-5 11187072-120819-BN-SJSSA09 (0-1)

13de19dfs1_12.d12/13/19 20:35 GC Column: DB-5 ID: 0.32(mm)

1,2,3,4,7,8-HxCDD Invalid Compound ID dadunj 12/17/19 09:42
1,2,3,6,7,8-HxCDF Invalid Compound ID dadunj 12/17/19 09:42
2,3,7,8-TCDD Baseline dadunj 12/17/19 09:4119.91
1,2,3,7,8,9-HxCDD Split Peak dadunj 12/17/19 09:4235.71
1,2,3,4,6,7,8-HpCDF Baseline dadunj 12/17/19 09:4237.90
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56911-1

Instrument ID: Analysis Batch Number:DFS 1 345338

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56911-6 11187072-120819-BN-SJSSA09 (1-2)

13de19dfs1_13.d12/13/19 21:23 GC Column: DB-5 ID: 0.32(mm)

1,2,3,4,7,8-HxCDD Invalid Compound ID dadunj 12/17/19 09:44
2,3,7,8-TCDD Baseline dadunj 12/17/19 09:4419.90
1,2,3,7,8,9-HxCDD Split Peak dadunj 12/17/19 09:4535.73
1,2,3,4,7,8,9-HpCDF Split Peak dadunj 12/17/19 09:4639.23

1613B

Page 62 of 1734



REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56911-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

HRDXNCP_00037 13C-2,3,7,8-TCDD 40 pg/uL6 mL 1.2 mL10/16/19 10/16/18HRDXNCP_00038 C14, Lot STBH5862
13C-2,3,7,8-TCDF 40 pg/uL
2,3,7,8-TCDD 40 pg/uL
2,3,7,8-TCDF 40 pg/uL

03/31/25 (Purchased Reagent) 13C-2,3,7,8-TCDD 200 ng/mLCIL, Lot ER03111502.HRDXNCP_00037
13C-2,3,7,8-TCDF 200 ng/mL
2,3,7,8-TCDD 200 ng/mL
2,3,7,8-TCDF 200 ng/mL

HRDXNCP_00039 1,2,3,4,6,7,9-HpCDD 40 pg/uL6 mL 1.2 mL08/30/20 08/30/19HRDXNCP_00040 C14, Lot STBH7678
1,2,3,4,6,7-HxCDD 40 pg/uL
1,2,3,4,6,8-HxCDF 40 pg/uL
1,2,3,4,8,9-HxCDF 40 pg/uL
1,2,3,7-TCDD 40 pg/uL
1,2,3,8,9-PeCDD 40 pg/uL
1,2,3,8,9-PeCDF 40 pg/uL
1,2,3,9-TCDD 40 pg/uL
1,2,3,9-TCDF 40 pg/uL
1,2,4,6,7,9-HxCDD 40 pg/uL
1,2,4,7,9-PeCDD 40 pg/uL
1,2,8,9-TCDD 40 pg/uL
1,2,8,9-TCDF 40 pg/uL
1,3,4,6,8-PeCDF 40 pg/uL
1,3,6,8-TCDD 40 pg/uL
1,3,6,8-TCDF 40 pg/uL
13C-2,3,7,8-TCDD 40 pg/uL
13C-2,3,7,8-TCDF 40 pg/uL
2,3,4,7-TCDF 40 pg/uL
2,3,7,8-TCDD 40 pg/uL
2,3,7,8-TCDF 40 pg/uL

03/31/25 (Purchased Reagent) 1,2,3,4,6,7,9-HpCDD 200 ng/mLCIL, Lot ER03111502.HRDXNCP_00039
1,2,3,4,6,7-HxCDD 200 ng/mL
1,2,3,4,6,8-HxCDF 200 ng/mL
1,2,3,4,8,9-HxCDF 200 ng/mL
1,2,3,7-TCDD 200 ng/mL
1,2,3,8,9-PeCDD 200 ng/mL
1,2,3,8,9-PeCDF 200 ng/mL
1,2,3,9-TCDD 200 ng/mL
1,2,3,9-TCDF 200 ng/mL
1,2,4,6,7,9-HxCDD 200 ng/mL
1,2,4,7,9-PeCDD 200 ng/mL
1,2,8,9-TCDD 200 ng/mL
1,2,8,9-TCDF 200 ng/mL
1,3,4,6,8-PeCDF 200 ng/mL
1,3,6,8-TCDD 200 ng/mL
1,3,6,8-TCDF 200 ng/mL
13C-2,3,7,8-TCDD 200 ng/mL
13C-2,3,7,8-TCDF 200 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56911-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

2,3,4,7-TCDF 200 ng/mL
2,3,7,8-TCDD 200 ng/mL
2,3,7,8-TCDF 200 ng/mL

HRDXNIDA_00303 13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL0.5 mL 0.125 mL04/29/20 07/02/19HRDXNIC_00042 C14, Lot STBH7678
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLHRDXNIDA_00364 0.25 mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
37Cl4-2,3,7,8-TCDD 40 ng/mLHRDXNSU_00196 0.05 mL
1,2,3,4,6,7,8-HpCDD 200 ng/mLHRDXNTA_00102 0.5 mL
1,2,3,4,6,7,8-HpCDF 200 ng/mL
1,2,3,4,7,8,9-HpCDF 200 ng/mL
1,2,3,4,7,8-HxCDD 200 ng/mL
1,2,3,4,7,8-HxCDF 200 ng/mL
1,2,3,6,7,8-HxCDD 200 ng/mL
1,2,3,6,7,8-HxCDF 200 ng/mL
1,2,3,7,8,9-HxCDD 200 ng/mL
1,2,3,7,8,9-HxCDF 200 ng/mL
1,2,3,7,8-PeCDD 200 ng/mL
1,2,3,7,8-PeCDF 200 ng/mL
2,3,4,6,7,8-HxCDF 200 ng/mL
2,3,4,7,8-PeCDF 200 ng/mL
2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
OCDD 400 ng/mL
OCDF 400 ng/mL

HRDXNIDA_00247 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL07/31/20 09/20/17.HRDXNIDA_00303 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00297 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00301 0.8 mL

HRDXNIDA_00302 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
03/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER053107-02..HRDXNIDA_00247
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00297
10/31/21 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER102711-01..HRDXNIDA_00301
07/31/20 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER072810-02..HRDXNIDA_00302

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56911-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 

0000192372
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
03/01/25 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 200 ng/mLWellington Labs, Lot 13PAR0418.HRDXNTA_00102

1,2,3,4,6,7,8-HpCDF 200 ng/mL
1,2,3,4,7,8,9-HpCDF 200 ng/mL
1,2,3,4,7,8-HxCDD 200 ng/mL
1,2,3,4,7,8-HxCDF 200 ng/mL
1,2,3,6,7,8-HxCDD 200 ng/mL
1,2,3,6,7,8-HxCDF 200 ng/mL
1,2,3,7,8,9-HxCDD 200 ng/mL
1,2,3,7,8,9-HxCDF 200 ng/mL
1,2,3,7,8-PeCDD 200 ng/mL
1,2,3,7,8-PeCDF 200 ng/mL
2,3,4,6,7,8-HxCDF 200 ng/mL
2,3,4,7,8-PeCDF 200 ng/mL
2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
OCDD 400 ng/mL
OCDF 400 ng/mL

HRDXNIDA_00364 13C-1,2,3,4,6,7,8-HpCDD 2 pg/uL500 mL 5 mL11/30/20 12/02/19HRDXNIDA_00406 Acetone, Lot 0000236139
13C-1,2,3,4,6,7,8-HpCDF 2 pg/uL
13C-2,3,7,8-TCDF 2 pg/uL
13C-2,3,7,8-TCDD 2 pg/uL
13C-1,2,3,6,7,8-HxCDF 2 pg/uL
13C-1,2,3,7,8,9-HxCDF 2 pg/uL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56911-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

13C-2,3,4,6,7,8-HxCDF 2 pg/uL
13C-1,2,3,7,8-PeCDD 2 pg/uL
13C-1,2,3,7,8-PeCDF 2 pg/uL
13C-1,2,3,6,7,8-HxCDD 2 pg/uL
13C-OCDD 4 pg/uL
13C-1,2,3,4,7,8,9-HpCDF 2 pg/uLHRDXNIDA_00379 2.5 mL
13C-2,3,4,7,8-PeCDF 2 pg/uL
13C-1,2,3,4,7,8-HxCDD 2 pg/uL
13C-1,2,3,4,7,8-HxCDF 2 pg/uL

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIDA_00375 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL04/11/26 04/11/19.HRDXNIDA_00379 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00376 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00377 0.8 mL

HRDXNIDA_00378 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
05/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER04251601..HRDXNIDA_00375
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00376
06/30/26 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER04211601..HRDXNIDA_00377
07/31/27 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER04211701..HRDXNIDA_00378

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL10/09/20 10/09/19HRDXNIS_00121 C14, Lot STBJ0716
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18.HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601..HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602..HRDXNIS_00111
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HRDXNIDA_00303 13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL1 mL 0.25 mL04/29/20 07/02/19HRDXNL2_00027 C14, Lot STBH7678
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLHRDXNIDA_00364 0.5 mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 1 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 0.5 ng/mLHRDXNSU_00217 0.625 mL
1,2,3,4,6,7,8-HpCDD 2.5 ng/mLHRDXNTA_00113 0.125 mL
1,2,3,4,6,7,8-HpCDF 2.5 ng/mL
1,2,3,4,7,8,9-HpCDF 2.5 ng/mL
1,2,3,4,7,8-HxCDD 2.5 ng/mL
1,2,3,4,7,8-HxCDF 2.5 ng/mL
1,2,3,6,7,8-HxCDD 2.5 ng/mL
1,2,3,6,7,8-HxCDF 2.5 ng/mL
1,2,3,7,8,9-HxCDD 2.5 ng/mL
1,2,3,7,8,9-HxCDF 2.5 ng/mL
1,2,3,7,8-PeCDD 2.5 ng/mL
1,2,3,7,8-PeCDF 2.5 ng/mL
2,3,4,6,7,8-HxCDF 2.5 ng/mL
2,3,4,7,8-PeCDF 2.5 ng/mL
2,3,7,8-TCDD 0.5 ng/mL
2,3,7,8-TCDF 0.5 ng/mL
OCDD 5 ng/mL
OCDF 5 ng/mL

HRDXNIDA_00247 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL07/31/20 09/20/17.HRDXNIDA_00303 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00297 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00301 0.8 mL

HRDXNIDA_00302 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
03/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER053107-02..HRDXNIDA_00247
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00297
10/31/21 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER102711-01..HRDXNIDA_00301
07/31/20 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER072810-02..HRDXNIDA_00302

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
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13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/01/20 07/01/19 500 mL HRDXNSU_00196 1000 uL 37Cl4-2,3,7,8-TCDD 0.8 pg/uL.HRDXNSU_00217 Isooctane, Lot 

0000201867
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL..HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL...HRDXNSU_00195 Isooctane, Lot 

0000192372
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501....HRDXNSU_00187

HRDXNTA_00092 1,2,3,4,6,7,8-HpCDD 20 ng/mL25 mL 0.25 mL05/29/20 05/29/19.HRDXNTA_00113 Acetone, Lot 
00000197752

1,2,3,4,6,7,8-HpCDF 20 ng/mL
1,2,3,4,7,8,9-HpCDF 20 ng/mL
1,2,3,4,7,8-HxCDD 20 ng/mL
1,2,3,4,7,8-HxCDF 20 ng/mL
1,2,3,6,7,8-HxCDD 20 ng/mL
1,2,3,6,7,8-HxCDF 20 ng/mL
1,2,3,7,8,9-HxCDD 20 ng/mL
1,2,3,7,8,9-HxCDF 20 ng/mL
1,2,3,7,8-PeCDD 20 ng/mL
1,2,3,7,8-PeCDF 20 ng/mL
2,3,4,6,7,8-HxCDF 20 ng/mL
2,3,4,7,8-PeCDF 20 ng/mL
2,3,7,8-TCDD 4 ng/mL
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2,3,7,8-TCDF 4 ng/mL
OCDD 40 ng/mL
OCDF 40 ng/mL

04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602..HRDXNTA_00092
1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

HRDXNIDA_00303 13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL0.5 mL 0.125 mL04/29/20 07/02/19HRDXNL3_00025 C14, Lot STBH7678
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLHRDXNIDA_00364 0.25 mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 0.5 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 2 ng/mLHRDXNSU_00217 1.25 mL
1,2,3,4,6,7,8-HpCDD 10 ng/mLHRDXNTA_00113 0.25 mL
1,2,3,4,6,7,8-HpCDF 10 ng/mL
1,2,3,4,7,8,9-HpCDF 10 ng/mL
1,2,3,4,7,8-HxCDD 10 ng/mL
1,2,3,4,7,8-HxCDF 10 ng/mL
1,2,3,6,7,8-HxCDD 10 ng/mL
1,2,3,6,7,8-HxCDF 10 ng/mL
1,2,3,7,8,9-HxCDD 10 ng/mL
1,2,3,7,8,9-HxCDF 10 ng/mL
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1,2,3,7,8-PeCDD 10 ng/mL
1,2,3,7,8-PeCDF 10 ng/mL
2,3,4,6,7,8-HxCDF 10 ng/mL
2,3,4,7,8-PeCDF 10 ng/mL
2,3,7,8-TCDD 2 ng/mL
2,3,7,8-TCDF 2 ng/mL
OCDD 20 ng/mL
OCDF 20 ng/mL

HRDXNIDA_00247 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL07/31/20 09/20/17.HRDXNIDA_00303 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00297 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00301 0.8 mL

HRDXNIDA_00302 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
03/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER053107-02..HRDXNIDA_00247
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00297
10/31/21 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER102711-01..HRDXNIDA_00301
07/31/20 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER072810-02..HRDXNIDA_00302

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
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07/01/20 07/01/19 500 mL HRDXNSU_00196 1000 uL 37Cl4-2,3,7,8-TCDD 0.8 pg/uL.HRDXNSU_00217 Isooctane, Lot 
0000201867

07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL..HRDXNSU_00196 Isooctane, Lot 
0000192372

07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL...HRDXNSU_00195 Isooctane, Lot 
0000192372

07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501....HRDXNSU_00187
HRDXNTA_00092 1,2,3,4,6,7,8-HpCDD 20 ng/mL25 mL 0.25 mL05/29/20 05/29/19.HRDXNTA_00113 Acetone, Lot 

00000197752
1,2,3,4,6,7,8-HpCDF 20 ng/mL
1,2,3,4,7,8,9-HpCDF 20 ng/mL
1,2,3,4,7,8-HxCDD 20 ng/mL
1,2,3,4,7,8-HxCDF 20 ng/mL
1,2,3,6,7,8-HxCDD 20 ng/mL
1,2,3,6,7,8-HxCDF 20 ng/mL
1,2,3,7,8,9-HxCDD 20 ng/mL
1,2,3,7,8,9-HxCDF 20 ng/mL
1,2,3,7,8-PeCDD 20 ng/mL
1,2,3,7,8-PeCDF 20 ng/mL
2,3,4,6,7,8-HxCDF 20 ng/mL
2,3,4,7,8-PeCDF 20 ng/mL
2,3,7,8-TCDD 4 ng/mL
2,3,7,8-TCDF 4 ng/mL
OCDD 40 ng/mL
OCDF 40 ng/mL

04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602..HRDXNTA_00092
1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

HRDXNIDA_00364 13C-2,3,7,8-TCDF 100 ng/mL1 mL 0.5 mL04/29/20 07/11/19HRDXNL4_00084 C14, Lot STBH7678
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mLHRDXNIS_00117 1 mL
37Cl4-2,3,7,8-TCDD 8 ng/mLHRDXNSU_00196 0.02 mL
2,3,7,8-TCDD 10 ng/mLHRDXNTA_00093 0.025 mL
2,3,7,8-TCDF 10 ng/mL
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HRDXNIDA_00354 13C-2,3,7,8-TCDF 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

HRDXNIDA_00355 1 mL 13C-2,3,7,8-TCDD 0.2 ug/mL
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/29/20 04/29/19 100 mL HRDXNIS_00112 2 mL 13C-1,2,3,4-TCDD 0.1 ug/mL.HRDXNIS_00117 C14, Lot STBH7678
09/30/26 10/25/18 10 mL HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL..HRDXNIS_00112 Isooctane, Lot 

0000192372
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 

0000192372
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
04/30/26 (Purchased Reagent) 2,3,7,8-TCDD 0.4 ug/mLCIL, Lot ER02241602.HRDXNTA_00093

2,3,7,8-TCDF 0.4 ug/mL

HRDXNIDA_00364 13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL1 mL 0.5 mL04/29/20 10/03/19HRDXNL4_00085 C14, Lot STBH7678
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mLHRDXNIDA_00379 0.25 mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 1 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mLHRDXNSU_00196 0.025 mL
1,2,3,4,6,7,8-HpCDD 50 ng/mLHRDXNTA_00093 0.025 mL
1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
2,3,7,8-TCDD 10 ng/mL
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2,3,7,8-TCDF 10 ng/mL
OCDD 100 ng/mL
OCDF 100 ng/mL

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIDA_00375 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL04/11/26 04/11/19.HRDXNIDA_00379 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00376 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00377 0.8 mL

HRDXNIDA_00378 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
05/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER04251601..HRDXNIDA_00375
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00376
06/30/26 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER04211601..HRDXNIDA_00377
07/31/27 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER04211701..HRDXNIDA_00378

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 

0000192372
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602.HRDXNTA_00093
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1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

HRDXNIDA_00364 13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL1 mL 0.5 mL04/29/20 10/03/19HRDXNL4_00086 C14, Lot STBH7678
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mLHRDXNIDA_00379 0.25 mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 1 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mLHRDXNSU_00196 0.025 mL
1,2,3,4,6,7,8-HpCDD 50 ng/mLHRDXNTA_00093 0.025 mL
1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
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2,3,7,8-TCDD 10 ng/mL
2,3,7,8-TCDF 10 ng/mL
OCDD 100 ng/mL
OCDF 100 ng/mL

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIDA_00375 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL04/11/26 04/11/19.HRDXNIDA_00379 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00376 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00377 0.8 mL

HRDXNIDA_00378 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
05/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER04251601..HRDXNIDA_00375
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00376
06/30/26 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER04211601..HRDXNIDA_00377
07/31/27 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER04211701..HRDXNIDA_00378

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 

0000192372
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
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04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602.HRDXNTA_00093
1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

HRDXNIDA_00303 13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL0.2 mL 0.05 mL04/29/20 07/02/19HRDXNL5_00028 C14, Lot STBH7678
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLHRDXNIDA_00364 0.1 mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 0.2 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 40 ng/mLHRDXNSU_00196 0.02 mL
1,2,3,4,6,7,8-HpCDD 200 ng/mLHRDXNTA_00093 0.02 mL
1,2,3,4,6,7,8-HpCDF 200 ng/mL
1,2,3,4,7,8,9-HpCDF 200 ng/mL
1,2,3,4,7,8-HxCDD 200 ng/mL
1,2,3,4,7,8-HxCDF 200 ng/mL
1,2,3,6,7,8-HxCDD 200 ng/mL
1,2,3,6,7,8-HxCDF 200 ng/mL
1,2,3,7,8,9-HxCDD 200 ng/mL
1,2,3,7,8,9-HxCDF 200 ng/mL
1,2,3,7,8-PeCDD 200 ng/mL
1,2,3,7,8-PeCDF 200 ng/mL
2,3,4,6,7,8-HxCDF 200 ng/mL
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2,3,4,7,8-PeCDF 200 ng/mL
2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
OCDD 400 ng/mL
OCDF 400 ng/mL

HRDXNIDA_00247 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL07/31/20 09/20/17.HRDXNIDA_00303 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00297 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00301 0.8 mL

HRDXNIDA_00302 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
03/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER053107-02..HRDXNIDA_00247
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00297
10/31/21 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER102711-01..HRDXNIDA_00301
07/31/20 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER072810-02..HRDXNIDA_00302

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 

0000192372
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56911-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602.HRDXNTA_00093

1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

HRDXNIDA_00303 13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL0.2 mL 0.05 mL04/29/20 07/02/19HRDXNL6_00024 C14, Lot STBH7678
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLHRDXNIDA_00364 0.1 mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 0.2 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 200 ng/mLHRDXNSU_00196 0.1 mL
1,2,3,4,6,7,8-HpCDD 1000 ng/mLHRDXNTA_00093 0.1 mL
1,2,3,4,6,7,8-HpCDF 1000 ng/mL
1,2,3,4,7,8,9-HpCDF 1000 ng/mL
1,2,3,4,7,8-HxCDD 1000 ng/mL
1,2,3,4,7,8-HxCDF 1000 ng/mL
1,2,3,6,7,8-HxCDD 1000 ng/mL
1,2,3,6,7,8-HxCDF 1000 ng/mL
1,2,3,7,8,9-HxCDD 1000 ng/mL
1,2,3,7,8,9-HxCDF 1000 ng/mL
1,2,3,7,8-PeCDD 1000 ng/mL
1,2,3,7,8-PeCDF 1000 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56911-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

2,3,4,6,7,8-HxCDF 1000 ng/mL
2,3,4,7,8-PeCDF 1000 ng/mL
2,3,7,8-TCDD 200 ng/mL
2,3,7,8-TCDF 200 ng/mL
OCDD 2000 ng/mL
OCDF 2000 ng/mL

HRDXNIDA_00247 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL07/31/20 09/20/17.HRDXNIDA_00303 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00297 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00301 0.8 mL

HRDXNIDA_00302 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
03/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER053107-02..HRDXNIDA_00247
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00297
10/31/21 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER102711-01..HRDXNIDA_00301
07/31/20 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER072810-02..HRDXNIDA_00302

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
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Lab Name:

SDG No.:

Job No.: 320-56911-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
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Reagent
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Parent Reagent

Reagent ID
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Added ConcentrationAnalyte

07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 
0000192372

07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602.HRDXNTA_00093

1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

12/02/20 12/02/19 500 mL HRDXNSU_00196 1000 uL 37Cl4-2,3,7,8-TCDD 0.8 pg/uLHRDXNSU_00223 Isooctane, Lot 
0000221197

07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 
0000192372

07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 
0000192372

07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187

HRDXNTA_00093 1,2,3,4,6,7,8-HpCDD 20 ng/mL25 mL 0.25 mL10/18/20 10/18/19HRDXNTA_00117 Acetone, Lot 
00000236139

1,2,3,4,6,7,8-HpCDF 20 ng/mL
1,2,3,4,7,8,9-HpCDF 20 ng/mL
1,2,3,4,7,8-HxCDD 20 ng/mL
1,2,3,4,7,8-HxCDF 20 ng/mL
1,2,3,6,7,8-HxCDD 20 ng/mL
1,2,3,6,7,8-HxCDF 20 ng/mL
1,2,3,7,8,9-HxCDD 20 ng/mL
1,2,3,7,8,9-HxCDF 20 ng/mL
1,2,3,7,8-PeCDD 20 ng/mL
1,2,3,7,8-PeCDF 20 ng/mL
2,3,4,6,7,8-HxCDF 20 ng/mL
2,3,4,7,8-PeCDF 20 ng/mL
2,3,7,8-TCDD 4 ng/mL
2,3,7,8-TCDF 4 ng/mL
OCDD 40 ng/mL
OCDF 40 ng/mL

04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602.HRDXNTA_00093
1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
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1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL
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Reagent

HRDXNCP_00039
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Reagent

HRDXNIDA_00075
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Reagent

HRDXNIDA_00247
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Reagent

HRDXNIDA_00297
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Reagent

HRDXNIDA_00301
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Reagent

HRDXNIDA_00302
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Reagent

HRDXNIDA_00353
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Reagent

HRDXNIDA_00354
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Reagent

HRDXNIDA_00355
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Reagent

HRDXNIDA_00357
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Reagent

HRDXNIDA_00358
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Reagent

HRDXNIDA_00359
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Reagent

HRDXNIDA_00360
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Reagent

HRDXNIDA_00361
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Reagent

HRDXNIDA_00362
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Reagent

HRDXNIDA_00365
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Reagent

HRDXNIDA_00375
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Reagent

HRDXNIDA_00376
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Reagent

HRDXNIDA_00377
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Reagent

HRDXNIDA_00378
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Reagent

HRDXNIS_00110
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Reagent

HRDXNIS_00111
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Reagent

HRDXNSU_00187
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Reagent

HRDXNTA_00092

Page 218 of 1734



Page 219 of 1734



Page 220 of 1734



Page 221 of 1734



Page 222 of 1734



Reagent

HRDXNTA_00093
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Reagent

HRDXNTA_00102
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Method 1613B
Dioxins and Furans (HRGC/HRMS) by 

Method 1613B
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 320-56911-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Sacramento

GC Column (1): DB-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #TCDF TCDD 37TCDD PeCDF PeCF PeCDD HxCDF HxDF

LCS 
320-344634/2-A

50 58 94 53 57 54 55 56

LCSD 
320-344634/3-A

52 60 96 55 60 56 58 57

QC LIMITS
TCDF = 13C-2,3,7,8-TCDF 22-152
TCDD = 13C-2,3,7,8-TCDD 20-175
37TCDD = 37Cl4-2,3,7,8-TCDD 31-191
PeCDF = 13C-1,2,3,7,8-PeCDF 21-192
PeCF = 13C-2,3,4,7,8-PeCDF 13-328
PeCDD = 13C-1,2,3,7,8-PeCDD 21-227
HxCDF = 13C-1,2,3,4,7,8-HxCDF 19-202
HxDF = 13C-1,2,3,6,7,8-HxCDF 21-159

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 320-56911-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Sacramento

GC Column (1): DB-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #13CHxCF HxCDD HxDD HxCF HpCDF HpCDD HpCDF2 OCDD

LCS 
320-344634/2-A

50 62 62 49 52 57 58 61

LCSD 
320-344634/3-A

53 65 65 52 54 59 61 66

QC LIMITS
13CHxCF = 13C-2,3,4,6,7,8-HxCDF 22-176
HxCDD = 13C-1,2,3,4,7,8-HxCDD 21-193
HxDD = 13C-1,2,3,6,7,8-HxCDD 25-163
HxCF = 13C-1,2,3,7,8,9-HxCDF 17-205
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF 21-158
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD 26-166
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF 20-186
OCDD = 13C-OCDD 13-199

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 320-56911-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Sacramento

GC Column (1): DB-225 ID: 0.32(mm)

#Lab Sample IDClient Sample ID #TCDF 37TCDD

320-56911-1 RA11187072-120719-SS
-SJSSA01 (0-1) RA

54 95

320-56911-2 RA11187072-120719-SS
-SJSSA01 (1-2) RA

56 107

320-56911-3 RA11187072-120719-SS
-SJSSA01 (2-4) RA

58 102

320-56911-4 RA11187072-120719-SS
-SJSSA01 (4-6) RA

60 105

320-56911-5 RA11187072-120819-BN
-SJSSA09 (0-1) RA

59 105

320-56911-6 RA11187072-120819-BN
-SJSSA09 (1-2) RA

54 105

320-56911-7 RA11187072-120819-BN
-SJSSA09 (2-4) RA

55 98

320-56911-8 RA11187072-120819-BN
-SJSSA09 (4-6) RA

53 99

320-56911-9 RA11187072-120819-BN
-SJSSA05 (0-1) RA

61 108

320-56911-10 RA11187072-120819-BN
-SJSSA05 (1-2) RA

56 102

320-56911-11 RA11187072-120819-BN
-SJSSA05 (2-4) RA

53 104

320-56911-12 RA11187072-120819-BN
-SJSSA05 (4-6) RA

58 107

320-56911-13 RA11187072-120819-BN
-DUP2 RA

62 112

QC LIMITS
TCDF = 13C-2,3,7,8-TCDF 24-169
37TCDD = 37Cl4-2,3,7,8-TCDD 35-197

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 320-56911-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Sacramento

GC Column (1): DB-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #TCDF TCDD 37TCDD PeCDF PeCF PeCDD HxCDF HxDF

320-56911-111187072-120719-SS
-SJSSA01 (0-1)

52 58 92 53 57 54 52 50

320-56911-211187072-120719-SS
-SJSSA01 (1-2)

49 55 94 50 53 51 48 49

320-56911-311187072-120719-SS
-SJSSA01 (2-4)

49 54 90 51 54 52 53 52

320-56911-411187072-120719-SS
-SJSSA01 (4-6)

53 59 97 57 59 57 58 56

320-56911-511187072-120819-BN
-SJSSA09 (0-1)

51 57 97 54 57 53 55 54

320-56911-611187072-120819-BN
-SJSSA09 (1-2)

48 54 98 50 53 51 50 51

320-56911-711187072-120819-BN
-SJSSA09 (2-4)

51 54 95 51 55 58 55 48

320-56911-811187072-120819-BN
-SJSSA09 (4-6)

49 53 101 51 53 56 52 44

320-56911-911187072-120819-BN
-SJSSA05 (0-1)

55 60 104 58 63 64 61 53

320-56911-1011187072-120819-BN
-SJSSA05 (1-2)

52 58 104 56 58 60 55 48

320-56911-1111187072-120819-BN
-SJSSA05 (2-4)

50 53 101 51 56 57 54 47

320-56911-1211187072-120819-BN
-SJSSA05 (4-6)

52 58 107 55 58 60 58 50

320-56911-1311187072-120819-BN
-DUP2

56 54 104 55 61 62 51 44

MB 
320-344634/1-A

48 57 92 50 55 52 54 57

QC LIMITS
TCDF = 13C-2,3,7,8-TCDF 24-169
TCDD = 13C-2,3,7,8-TCDD 25-164
37TCDD = 37Cl4-2,3,7,8-TCDD 35-197
PeCDF = 13C-1,2,3,7,8-PeCDF 24-185
PeCF = 13C-2,3,4,7,8-PeCDF 21-178
PeCDD = 13C-1,2,3,7,8-PeCDD 25-181
HxCDF = 13C-1,2,3,4,7,8-HxCDF 26-152
HxDF = 13C-1,2,3,6,7,8-HxCDF 26-123

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 320-56911-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Sacramento

GC Column (1): DB-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #13CHxCF HxCDD HxDD HxCF HpCDF HpCDD HpCDF2 OCDD

320-56911-111187072-120719-SS
-SJSSA01 (0-1)

46 59 57 48 44 50 54 55

320-56911-211187072-120719-SS
-SJSSA01 (1-2)

45 55 55 46 42 48 51 50

320-56911-311187072-120719-SS
-SJSSA01 (2-4)

48 58 59 48 49 54 55 59

320-56911-411187072-120719-SS
-SJSSA01 (4-6)

51 65 63 52 53 60 61 66

320-56911-511187072-120819-BN
-SJSSA09 (0-1)

49 60 61 51 48 55 57 59

320-56911-611187072-120819-BN
-SJSSA09 (1-2)

46 56 58 47 47 53 54 58

320-56911-711187072-120819-BN
-SJSSA09 (2-4)

51 62 53 51 53 62 63 70

320-56911-811187072-120819-BN
-SJSSA09 (4-6)

48 57 49 49 49 59 61 68

320-56911-911187072-120819-BN
-SJSSA05 (0-1)

56 69 58 58 61 73 73 85

320-56911-1011187072-120819-BN
-SJSSA05 (1-2)

52 64 53 53 55 66 67 77

320-56911-1111187072-120819-BN
-SJSSA05 (2-4)

50 61 52 52 52 63 64 73

320-56911-1211187072-120819-BN
-SJSSA05 (4-6)

53 64 56 56 55 66 68 74

320-56911-1311187072-120819-BN
-DUP2

47 60 48 52 44 55 59 60

MB 
320-344634/1-A

50 61 63 48 50 56 55 57

QC LIMITS
13CHxCF = 13C-2,3,4,6,7,8-HxCDF 28-136
HxCDD = 13C-1,2,3,4,7,8-HxCDD 32-141
HxDD = 13C-1,2,3,6,7,8-HxCDD 28-130
HxCF = 13C-1,2,3,7,8,9-HxCDF 29-147
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF 28-143
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD 23-140
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF 26-138
OCDD = 13C-OCDD 17-157

FORM II 1613B

# Column to be used to flag recovery values
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DIOXIN LAB CONTROL SAMPLE RECOVERY
FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-56911-1

Lab File ID: 13de19dfs1_6.dSediment

Lab ID: LCS 320-344634/2-A Client ID:

Eurofins TestAmerica, Sacramento

REC 
%
REC

QC
LIMITSCONCENTRATION

(pg/g)

SPIKE
ADDED
(pg/g)

#
LCS LCS

COMPOUND
2,3,7,8-TCDD 20.0 19.4 67-15897
2,3,7,8-TCDF 20.0 18.3 75-15891
1,2,3,7,8-PeCDD 100 106 70-142106
1,2,3,7,8-PeCDF 100 93.3 80-13493
2,3,4,7,8-PeCDF 100 87.9 68-16088
1,2,3,4,7,8-HxCDD 100 90.9 70-16491
1,2,3,6,7,8-HxCDD 100 97.9 76-13498
1,2,3,7,8,9-HxCDD 100 93.0 64-16293
1,2,3,4,7,8-HxCDF 100 93.1 72-13493
1,2,3,6,7,8-HxCDF 100 100 84-130100
1,2,3,7,8,9-HxCDF 100 101 78-130101
2,3,4,6,7,8-HxCDF 100 103 70-156103
1,2,3,4,6,7,8-HpCDD 100 95.6 70-14096
1,2,3,4,6,7,8-HpCDF 100 99.4 82-12299
1,2,3,4,7,8,9-HpCDF 100 90.9 78-13891
OCDD 200 194 78-14497
OCDF 200 188 63-17094
13C-2,3,7,8-TCDD 200 115 20-17558
13C-2,3,7,8-TCDF 200 99.5 22-15250
13C-1,2,3,7,8-PeCDD 200 107 21-22754
13C-1,2,3,7,8-PeCDF 200 106 21-19253
13C-2,3,4,7,8-PeCDF 200 113 13-32857
13C-1,2,3,4,7,8-HxCDD 200 124 21-19362
13C-1,2,3,6,7,8-HxCDD 200 124 25-16362
13C-1,2,3,4,7,8-HxCDF 200 109 19-20255
13C-1,2,3,6,7,8-HxCDF 200 112 21-15956
13C-1,2,3,7,8,9-HxCDF 200 98.4 17-20549
13C-2,3,4,6,7,8-HxCDF 200 99.7 22-17650
13C-1,2,3,4,6,7,8-HpCDD 200 114 26-16657
13C-1,2,3,4,6,7,8-HpCDF 200 103 21-15852
13C-1,2,3,4,7,8,9-HpCDF 200 117 20-18658
13C-OCDD 400 245 13-19961

FORM III 1613B

# Column to be used to flag recovery and RPD values
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DIOXIN LAB CONTROL SAMPLE DUPLICATE RECOVERY
FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-56911-1

Lab File ID: 13de19dfs1_7.dSediment

Lab ID: LCSD 320-344634/3-A Client ID:

Eurofins TestAmerica, Sacramento

COMPOUND

SPIKE
ADDED CONCENTRATION %

REC
%
RPD

QC LIMITS

RPD REC (pg/g) (pg/g)
#

LCSD LCSD

20.0 19.3 50 67-1582,3,7,8-TCDD 097
20.0 18.4 50 75-1582,3,7,8-TCDF 192
100 104 50 70-1421,2,3,7,8-PeCDD 2104
100 92.5 50 80-1341,2,3,7,8-PeCDF 192
100 87.2 50 68-1602,3,4,7,8-PeCDF 187
100 91.1 50 70-1641,2,3,4,7,8-HxCDD 091
100 97.0 50 76-1341,2,3,6,7,8-HxCDD 197
100 92.2 50 64-1621,2,3,7,8,9-HxCDD 192
100 91.2 50 72-1341,2,3,4,7,8-HxCDF 291
100 99.2 50 84-1301,2,3,6,7,8-HxCDF 199
100 99.4 50 78-1301,2,3,7,8,9-HxCDF 299
100 101 50 70-1562,3,4,6,7,8-HxCDF 2101
100 95.1 50 70-1401,2,3,4,6,7,8-HpCDD 195
100 99.1 50 82-1221,2,3,4,6,7,8-HpCDF 099
100 90.3 50 78-1381,2,3,4,7,8,9-HpCDF 190
200 189 50 78-144OCDD 394
200 182 50 63-170OCDF 391
200 121 20-17513C-2,3,7,8-TCDD 60
200 105 22-15213C-2,3,7,8-TCDF 52
200 113 21-22713C-1,2,3,7,8-PeCDD 56
200 111 21-19213C-1,2,3,7,8-PeCDF 55
200 119 13-32813C-2,3,4,7,8-PeCDF 60
200 129 21-19313C-1,2,3,4,7,8-HxCDD 65
200 129 25-16313C-1,2,3,6,7,8-HxCDD 65
200 116 19-20213C-1,2,3,4,7,8-HxCDF 58
200 115 21-15913C-1,2,3,6,7,8-HxCDF 57
200 104 17-20513C-1,2,3,7,8,9-HxCDF 52
200 107 22-17613C-2,3,4,6,7,8-HxCDF 53
200 118 26-16613C-1,2,3,4,6,7,8-HpCDD 59
200 108 21-15813C-1,2,3,4,6,7,8-HpCDF 54
200 122 20-18613C-1,2,3,4,7,8,9-HpCDF 61
400 263 13-19913C-OCDD 66

FORM III 1613B

# Column to be used to flag recovery and RPD values
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FORM IV
DIOXIN METHOD BLANK SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56911-1Eurofins TestAmerica, Sacramento

Instrument ID:

Level:(Low/Med)

Date Extracted:

Date Analyzed: 12/13/2019  15:00

12/11/2019  08:20

Low

DFS 1

Lab File ID: 13de19dfs1_5.d Lab Sample ID: MB 320-344634/1-A

Matrix: Sediment

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES:

LAB SAMPLE ID
LAB

FILE ID DATE ANALYZEDCLIENT SAMPLE ID
 12/13/2019  15:4813de19dfs1_

6.d
LCS 320-344634/2-A

 12/13/2019  16:2113DE1910D5_
7.d

320-56911-711187072-120819-BN-SJSSA09 
(2-4)

 12/13/2019  16:3613de19dfs1_
7.d

LCSD 320-344634/3-A

 12/13/2019  17:0713DE1910D5_
8.d

320-56911-811187072-120819-BN-SJSSA09 
(4-6)

 12/13/2019  17:2313de19dfs1_
8.d

320-56911-111187072-120719-SS-SJSSA01 
(0-1)

 12/13/2019  17:5313DE1910D5_
9.d

320-56911-911187072-120819-BN-SJSSA05 
(0-1)

 12/13/2019  18:1113de19dfs1_
9.d

320-56911-211187072-120719-SS-SJSSA01 
(1-2)

 12/13/2019  18:3913DE1910D5_
10.d

320-56911-1011187072-120819-BN-SJSSA05 
(1-2)

 12/13/2019  18:5913de19dfs1_
10.d

320-56911-311187072-120719-SS-SJSSA01 
(2-4)

 12/13/2019  19:2513DE1910D5_
11.d

320-56911-1111187072-120819-BN-SJSSA05 
(2-4)

 12/13/2019  19:4713de19dfs1_
11.d

320-56911-411187072-120719-SS-SJSSA01 
(4-6)

 12/13/2019  20:1113DE1910D5_
12.d

320-56911-1211187072-120819-BN-SJSSA05 
(4-6)

 12/13/2019  20:3513de19dfs1_
12.d

320-56911-511187072-120819-BN-SJSSA09 
(0-1)

 12/13/2019  20:5713DE1910D5_
13.d

320-56911-1311187072-120819-BN-DUP2

 12/13/2019  21:2313de19dfs1_
13.d

320-56911-611187072-120819-BN-SJSSA09 
(1-2)

 12/16/2019  21:1816DE19A11D2
_004.d

320-56911-3 RA11187072-120719-SS-SJSSA01 
(2-4) RA

 12/16/2019  21:5616DE19A11D2
_005.d

320-56911-4 RA11187072-120719-SS-SJSSA01 
(4-6) RA

 12/16/2019  22:3516DE19A11D2
_006.d

320-56911-5 RA11187072-120819-BN-SJSSA09 
(0-1) RA

 12/16/2019  23:1316DE19A11D2
_007.d

320-56911-6 RA11187072-120819-BN-SJSSA09 
(1-2) RA

 12/16/2019  23:5116DE19A11D2
_008.d

320-56911-7 RA11187072-120819-BN-SJSSA09 
(2-4) RA

 12/17/2019  00:2916DE19A11D2
_009.d

320-56911-8 RA11187072-120819-BN-SJSSA09 
(4-6) RA

 12/17/2019  01:0816DE19A11D2
_010.d

320-56911-9 RA11187072-120819-BN-SJSSA05 
(0-1) RA

FORM IV 1613B
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FORM IV
DIOXIN METHOD BLANK SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56911-1Eurofins TestAmerica, Sacramento

Instrument ID:

Level:(Low/Med)

Date Extracted:

Date Analyzed: 12/13/2019  15:00

12/11/2019  08:20

Low

DFS 1

Lab File ID: 13de19dfs1_5.d Lab Sample ID: MB 320-344634/1-A

Matrix: Sediment

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES:

LAB SAMPLE ID
LAB

FILE ID DATE ANALYZEDCLIENT SAMPLE ID
 12/17/2019  01:4616DE19A11D2

_011.d
320-56911-10 RA11187072-120819-BN-SJSSA05 

(1-2) RA
 12/17/2019  02:2416DE19A11D2

_012.d
320-56911-11 RA11187072-120819-BN-SJSSA05 

(2-4) RA
 12/17/2019  03:0316DE19A11D2

_013.d
320-56911-12 RA11187072-120819-BN-SJSSA05 

(4-6) RA
 12/17/2019  03:4116DE19A11D2

_014.d
320-56911-13 RA11187072-120819-BN-DUP2 RA

 12/17/2019  16:0617DE1911D2_
004.d

320-56911-1 RA11187072-120719-SS-SJSSA01 
(0-1) RA

 12/17/2019  16:4417DE1911D2_
005.d

320-56911-2 RA11187072-120719-SS-SJSSA01 
(1-2) RA

FORM IV 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (0-1)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-1

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_8.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:10

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  17:23

Low1(uL)

20(uL)

% Moisture: 54.8

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 345338 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

2.2 0.371746-01-6 2,3,7,8-TCDD 8.6

11 0.28J q40321-76-4 1,2,3,7,8-PeCDD 0.48

11 0.17J57117-41-6 1,2,3,7,8-PeCDF 1.1

11 0.18J57117-31-4 2,3,4,7,8-PeCDF 0.75

11 0.28J39227-28-6 1,2,3,4,7,8-HxCDD 1.0

11 0.29J q B57653-85-7 1,2,3,6,7,8-HxCDD 1.5

11 0.27J19408-74-3 1,2,3,7,8,9-HxCDD 3.2

11 0.19J70648-26-9 1,2,3,4,7,8-HxCDF 1.8

11 0.18J57117-44-9 1,2,3,6,7,8-HxCDF 0.91

11 0.1572918-21-9 1,2,3,7,8,9-HxCDF ND

11 0.18J60851-34-5 2,3,4,6,7,8-HxCDF 0.55

11 1.0B35822-46-9 1,2,3,4,6,7,8-HpCDD 62

11 0.23J67562-39-4 1,2,3,4,6,7,8-HpCDF 6.6

11 0.20J55673-89-7 1,2,3,4,7,8,9-HpCDF 1.0

22 2.9B3268-87-9 OCDD 2400

22 0.30B39001-02-0 OCDF 48

2.2 0.3741903-57-5 Total TCDD 14

2.2 0.3130402-14-3 Total TCDF 38

11 0.28J q36088-22-9 Total PeCDD 9.6

11 0.18J30402-15-4 Total PeCDF 4.0

11 0.28q B34465-46-8 Total HxCDD 49

11 0.18J55684-94-1 Total HxCDF 7.4

11 1.0B37871-00-4 Total HpCDD 210

11 0.21B38998-75-3 Total HpCDF 17

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (0-1)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-1

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_8.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:10

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  17:23

Low1(uL)

20(uL)

% Moisture: 54.8

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 345338 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

58 25-16476523-40-5 13C-2,3,7,8-TCDD

52 24-16989059-46-1 13C-2,3,7,8-TCDF

54 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

53 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

57 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

59 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

57 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

52 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

50 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

48 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

46 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

50 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

44 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

54 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

55 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

92 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A          
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Sample Type: Client
Inject. Date: 13-Dec-2019 17:23:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-1-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:24:53 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: messecara Date: 14-Dec-2019 01:05:03

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 19.538    7550584 0.81  5.2E+04       100.0       100.0  a

D 13C-2,3,7,8-TCDF 18.647    6329776 0.79   1.6096        52.1        52.1   0.1945   0.1945  52.08
  2,3,7,8-TCDF 18.673     444461 0.81   1.2332       5.694       5.694   0.0696   0.0696
A Non-2,3,7,8-sub-TCDF 18.244     224079 0.81   1.2332       2.871       2.871   0.0696    2.540
S Total TCDF       8.564       8.564   0.0696   0.0696

D 13C-2,3,7,8-TCDD 19.884    4375600 0.80   0.9984        58.0        58.0   0.2089   0.2089  58.04
  2,3,7,8-TCDD 19.901     103069 0.80   1.1988       1.965       1.965   0.0844   0.0844  M
$ 37Cl4-2,3,7,8-TCDD 19.910    4018556   1.4510        36.7        36.7   0.0357   0.0357  91.70

A Non-2,3,7,8-sub-TCDD 19.035      66141 0.76   1.1988       1.261       1.261   0.0844    1.003
S Total TCDD       3.226       3.226   0.0844   0.0844

D 13C-1,2,3,7,8-PeCDF 25.794    5511096 1.57   1.3678        53.4        53.4   0.2221   0.2221  53.36
  1,2,3,7,8-PeCDF 25.836      16563 1.69   1.1689      0.2571      0.2571   0.0394   0.0394  M
D 13C-2,3,4,7,8-PeCDF 27.212    5570299 1.59   1.3045        56.6        56.6   0.2329   0.2329  56.55
  2,3,4,7,8-PeCDF 27.237      11310 1.65   1.1861      0.1712      0.1712   0.0412   0.0412
A F1 PeCDFs 23.266      10804 1.72   1.1775      0.1656      0.1656   0.0173   0.1656
A Non-2,3,7,8-sub-PeCDF 26.724      21082 1.74   1.1775      0.3231      0.3231   0.0402   0.3231  M
S Total PeCDF      0.9170      0.9170   0.0403   0.0403

D 13C-1,2,3,7,8-PeCDD 27.975    3368785 1.63   0.8292        53.8        53.8   0.1001   0.1001  53.81
  1,2,3,7,8-PeCDD 28.017       4132 1.55   1.1200      0.1218      0.1095   0.0642   0.0642  RQ
A Non-2,3,7,8-sub-PeCDD 26.851      78870 1.55   1.1200       2.179       2.090   0.0642    1.059  RQ
S Total PeCDD       2.301       2.200   0.0642   0.0642  RQ

D 13C-1,2,3,4,7,8-HxCDF 33.739    4474520 0.53   1.1700        52.0        52.0   0.2235   0.2235  51.96
  1,2,3,4,7,8-HxCDF 33.747      23668 1.22   1.3021      0.4062      0.4062   0.0440   0.0440  Ma
D 13C-1,2,3,6,7,8-HxCDF 33.940    4880117 0.53   1.3168        50.4        50.4   0.1986   0.1986  50.36
  1,2,3,6,7,8-HxCDF 33.965      13093 1.28   1.2907      0.2079      0.2079   0.0412   0.0412  Ma
D 13C-2,3,4,6,7,8-HxCDF 34.904    4385487 0.53   1.2873        46.3        46.3   0.2031   0.2031  46.29
  2,3,4,6,7,8-HxCDF 34.938       7163 1.24   1.3039      0.1253      0.1253   0.0411   0.0411  M
D 13C-1,2,3,7,8,9-HxCDF 35.911    4232604 0.53   1.1987        48.0        48.0   0.2181   0.2181  47.98
  1,2,3,7,8,9-HxCDF 35.894   0.0350   0.0350
A Non-2,3,7,8-sub-HxCDF 33.751      55792 1.28   1.3074      0.9497      0.9497   0.0401   0.4412  Ma
S Total HxCDF       1.689       1.689   0.0403   0.0403
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 35.709    7359612 1.26  5.8E+04       100.0       100.0  a

D 13C-1,2,3,4,7,8-HxCDD 35.156    3605684 1.30   0.8364        58.6        58.6   0.1881   0.1881  58.58
  1,2,3,4,7,8-HxCDD 35.164       9711 1.06   1.1725      0.2297      0.2297   0.0641   0.0641
D 13C-1,2,3,6,7,8-HxCDD 35.290    3777780 1.29   0.9040        56.8        56.8   0.1740   0.1740  56.78
  1,2,3,6,7,8-HxCDD 35.315      15037 1.24   1.1256      0.3931      0.3536   0.0667   0.0667  RQ
  1,2,3,7,8,9-HxCDD 35.726      33633 1.18   1.2327      0.7391      0.7391   0.0609   0.0609
A Non-2,3,7,8-sub-HxCDD 34.284     431801 1.24   1.1769       9.971       9.938   0.0638    7.060  RQ
S Total HxCDD        11.3        11.3   0.0639   0.0639  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 37.893    3132972 0.46   0.9689        43.9        43.9   0.2928   0.2928  43.94
  1,2,3,4,6,7,8-HpCDF 37.902      76179 1.08   1.6176       1.503       1.503   0.0525   0.0525  M
D 13C-1,2,3,4,7,8,9-HpCDF 39.210    3642268 0.46   0.9231        53.6        53.6   0.3073   0.3073  53.61
  1,2,3,4,7,8,9-HpCDF 39.218      12196 0.89   1.4672      0.2282      0.2282   0.0455   0.0455
A Non-2,3,7,8-sub-HpCDF 38.556     108678 1.05   1.5424       2.080       2.080   0.0485    1.914
S Total HpCDF       3.811       3.811   0.0490   0.0490

D 13C-1,2,3,4,6,7,8-HpCDD 38.900    3382276 1.07   0.9114        50.4        50.4   0.1479   0.1479  50.42
  1,2,3,4,6,7,8-HpCDD 38.908     539298 1.02   1.1237        14.2        14.2   0.2377   0.2377
A Non-2,3,7,8-sub-HpCDD 38.803    1300171 1.03   1.1237        34.2        34.2   0.2377     34.2
S Total HpCDD        48.4        48.4   0.2377   0.2377

D 13C-OCDD 41.336    5098429 0.90   0.6272       110.4       110.4   0.1968   0.1968  55.22
  OCDF 41.412     431050 0.88   1.5416        11.0        11.0   0.0696   0.0696
  OCDD 41.345   16529156 0.89   1.1855       546.9       546.9   0.6625   0.6625

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A          
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Sample Type: Client
Inject. Date: 13-Dec-2019 17:23:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-1-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:24:53 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: messecara Date: 14-Dec-2019 01:05:03

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD a
331.9368 19.538 19.502    2    3368861     518300    701   1752    739 a
333.9338 19.538 19.502    2    4181723     668473    289    722   2313  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 18.647 18.611    2  0.954    2792723     457172   1052   2630    435
317.9389 18.647 18.611    2  0.954    3537053     561690    434   1085   1294  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.673 18.637    2  1.001     199374      30353    144    360    211
305.8987 18.664 18.637    2  1.001     245087      37882    206    515    184  0.81(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 16.788 18.244  -87  0.900      10645       1882    144    360     13
305.8987 16.788 18.244  -87  0.900      15162       2665    206    515     13  0.70(0.65-0.89)

303.9016 18.008 18.244  -14  0.966      89903      14273    144    360     99
305.8987 18.016 18.244  -14  0.966     108369      18764    206    515     91  0.83(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19.884 19.848    2  1.018    1942312     296727    701   1752    423
333.9338 19.884 19.848    2  1.018    2433288     355953    289    722   1232  0.80(0.65-0.89)

2,3,7,8-TCDD M
319.8965 19.901 19.874    2  1.001      45868       6692    203    507     33 M
321.8936 19.910 19.874    2  1.001      57201       8771     61    152    144  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19.910 19.882    2  1.019    4018556     598690    246    615   2434

A Non-2,3,7,8-sub-TCDD

319.8965 17.973 19.035  -64  0.904      22913       4108    203    507     20
321.8936 17.973 19.035  -64  0.904      29698       5620     61    152     92  0.77(0.65-0.89)

Page 247 of 1734



Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 19.494 19.035   27  0.980       5550       1060    203    507      5
321.8936 19.529 19.035   30  0.982       7980       1309     61    152     21  0.70(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 25.794 25.760    2  1.320    3366855     570121    814   2035    700
353.8970 25.794 25.760    2  1.320    2144241     363585    628   1570    579  1.57(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 25.836 25.785    3  1.002      10404       1601     51    127     31
341.8567 25.820 25.785    2  1.001       6159       1100    121    302      9  1.69(1.32-1.78) M

13C-2,3,4,7,8-PeCDF
351.9000 27.212 27.177    2  1.393    3421385     545158    814   2035    670
353.8970 27.212 27.177    2  1.393    2148914     335742    628   1570    535  1.59(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 27.237 27.202    2  1.001       7037       1205     51    127     24
341.8567 27.220 27.202    1  1.000       4273        645    121    302      5  1.65(1.32-1.78)

A F1 PeCDFs

339.8597 22.374 23.266  -53  0.867       6832        791      4     10    198
341.8567 22.374 23.266  -53  0.867       3972        634     70    175      9  1.72(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF M

339.8597 24.452 26.724 -136  0.948      13396       1912     51    127     37 M
341.8567 24.436 26.724 -137  0.947       7686       1378    121    302     11  1.74(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 27.975 27.949    2  1.432    2087787     317223    204    510   1555
369.8919 27.975 27.949    2  1.432    1280998     197141    190    475   1038  1.63(1.32-1.78)

1,2,3,7,8-PeCDD RQ
355.8546 28.017 27.965    3  1.001       2512        527    107    267      5
357.8516 28.008 27.965    3  1.001       2084        329     41    102      8  1.21(1.32-1.78)

Empc Correction       1620        340     41    102      8

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 24.721 26.851 -128  0.884      11038       2033    107    267     19
357.8516 24.729 26.851 -127  0.884       9840       1317     41    102     32  1.12(1.32-1.78)

Empc Correction       7121       1311     41    102     32

355.8546 25.476 26.851  -82  0.911      25273       4520    107    267     42
357.8516 25.476 26.851  -82  0.911      14692       2424     41    102     59  1.72(1.32-1.78)

355.8546 26.817 26.851   -2  0.959       2493        443    107    267      4
Empc Correction       1866        513    107    267      5

357.8516 26.826 26.851   -2  0.959       1204        331     41    102      8  2.07(1.32-1.78)

355.8546 27.002 26.851    9  0.965      10668       1555    107    267     15
357.8516 27.002 26.851    9  0.965       7008        897     41    102     22  1.52(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 33.739 33.714    2  0.945    1545228     271589    460   1150    590
385.8610 33.739 33.714    2  0.945    2929292     508642   1190   2975    427  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF Ma
373.8208 33.747 33.739    0  1.000      12987       1734    107    267     16 M
375.8178 33.764 33.739    1  1.001      10681       1658     72    180     23  1.22(1.05-1.43)
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDF
383.8639 33.940 33.915    2  0.950    1685979     290889    460   1150    632
385.8610 33.940 33.915    2  0.950    3194138     549228   1190   2975    462  0.53(0.43-0.59)

1,2,3,6,7,8-HxCDF Ma
373.8208 33.965 33.932    2  1.001       7355       1182    107    267     11 M
375.8178 33.965 33.932    2  1.001       5738        845     72    180     12  1.28(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 34.904 34.880    1  0.977    1523828     280049    460   1150    609
385.8610 34.913 34.880    2  0.978    2861659     553786   1190   2975    465  0.53(0.43-0.59)

2,3,4,6,7,8-HxCDF M
373.8208 34.938 34.905    2  1.001       3959        863    107    267      8 M
375.8178 34.946 34.905    2  1.001       3204        853     72    180     12  1.24(1.05-1.43) M

13C-1,2,3,7,8,9-HxCDF
383.8639 35.911 35.878    2  1.006    1464055     330348    460   1150    718
385.8610 35.911 35.878    2  1.006    2768549     626690   1190   2975    527  0.53(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 35.894     107     267
375.8178 35.894      72     180

A Non-2,3,7,8-sub-HxCDF Ma

373.8208 31.868 33.751 -113  0.945      14251       1728    107    267     16
375.8178 31.851 33.751 -114  0.944      11665       1749     72    180     24  1.22(1.05-1.43)

373.8208 32.984 33.751  -46  0.978      13598       1980    107    267     19
375.8178 32.975 33.751  -46  0.977      10233       1701     72    180     24  1.33(1.05-1.43)

373.8208 34.812 33.751   64  1.032       3445        614    107    267      6 M
375.8178 34.795 33.751   63  1.031       2600        562     72    180      8  1.33(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD a
401.8559 35.709 35.685    1    4105011     882626    537   1342   1644 a
403.8529 35.701 35.685    1    3254601     694995    456   1140   1524  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.156 35.131    1  0.984    2036402     436019    537   1342    812
403.8529 35.156 35.131    1  0.984    1569282     342591    456   1140    751  1.30(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.164 35.148    1  1.000       5006       1313    115    287     11
391.8127 35.173 35.148    1  1.000       4705       1119    119    297      9  1.06(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.290 35.265    1  0.988    2129516     441154    537   1342    822
403.8529 35.299 35.265    2  0.988    1648264     337756    456   1140    741  1.29(1.05-1.43)

1,2,3,6,7,8-HxCDD RQ
389.8158 35.315 35.282    2  1.001      10001       1970    115    287     17

Empc Correction       8324       1806    115    287     16
391.8127 35.324 35.282    3  1.001       6713       1457    119    297     12  1.49(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 35.726 35.693    2  1.016      18170       3456    115    287     30
391.8127 35.726 35.693    2  1.016      15463       2284    119    297     19  1.18(1.05-1.43)
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HxCDD RQ

389.8158 32.908 34.284  -82  0.933     169286      25179    115    287    219
391.8127 32.908 34.284  -82  0.933     137449      20227    119    297    170  1.23(1.05-1.43)

389.8158 33.881 34.284  -24  0.960       8889       1421    115    287     12
Empc Correction       7477       1313    115    287     11

391.8127 33.864 34.284  -25  0.960       6030       1059    119    297      9  1.47(1.05-1.43)

389.8158 34.284 34.284    0  0.971      54748       9167    115    287     80
391.8127 34.275 34.284   -1  0.971      42076       7159    119    297     60  1.30(1.05-1.43)

389.8158 34.519 34.284   14  0.978       8397       1399    115    287     12
391.8127 34.477 34.284   12  0.977       6338       1291    119    297     11  1.32(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 37.893 37.877    1  1.061     983672     238092    709   1772    336
419.8220 37.893 37.877    1  1.061    2149300     526736   1081   2702    487  0.46(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7817 37.902 37.886    1  1.000      39496       9364    189    472     50
409.7788 37.902 37.886    1  1.000      36683       9158     71    177    129  1.08(0.88-1.20) M

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.210 39.194    1  1.098    1145843     306938    709   1772    433
419.8220 39.210 39.194    1  1.098    2496425     666547   1081   2702    617  0.46(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.218 39.202    1  1.000       5733       1571    189    472      8
409.7788 39.227 39.202    1  1.000       6463       1830     71    177     26  0.89(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF

407.7817 38.128 38.556  -26  1.006       4075       1085    189    472      6
409.7788 38.136 38.556  -25  1.006       4585       1308     71    177     18  0.89(0.88-1.20)

407.7817 38.287 38.556  -16  1.010      51702      13391    189    472     71
409.7788 38.287 38.556  -16  1.010      48316      12411     71    177    175  1.07(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 38.900 38.892    0  1.089    1747259     448103    470   1175    953
437.8140 38.900 38.892    0  1.089    1635017     423252    381    952   1111  1.07(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 38.908 38.901    0  1.000     272422      69605    503   1257    138
425.7737 38.908 38.901    0  1.000     266876      66994    428   1070    157  1.02(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 38.237 38.803  -34  0.983     659541     165361    503   1257    329
425.7737 38.237 38.803  -34  0.983     640630     160265    428   1070    374  1.03(0.88-1.20)

13C-OCDD
469.7780 41.336 41.345   -1  1.158    2420744     489217    441   1102   1109
471.7750 41.336 41.345   -1  1.158    2677685     545180    338    845   1613  0.90(0.76-1.02)

OCDF
441.7428 41.412 41.413    0  1.002     201645      45236     76    190    595
443.7399 41.412 41.413    0  1.002     229405      52763    146    365    361  0.88(0.76-1.02)

OCDD
457.7377 41.345 41.345    0  1.000    7772836    1568767    788   1970   1991
459.7348 41.345 41.345    0  1.000    8756320    1765801    837   2092   2110  0.89(0.76-1.02)
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QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Inject. Date: 13-Dec-2019 17:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDF, RT: 18.244

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.233 D 13C-2,3,7,8-TCDF                        100.000         6329776         1018862
Averages:

RRFn Qis Ris Area Ris Height
  1.233        100.000         6329776         1018862

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

16.788             10645              1882             15162              2665      0.3306 0.70
18.008             89903             14273            108369             18764        2.54 0.83
Signal Totals:

           100548             16155            123531             21429
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           224079             37584 0.81

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.871 = (224079 * 100.000) / (6329776 * 1.233)
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Inject. Date: 13-Dec-2019 17:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDD, RT: 19.035

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.199 D 13C-2,3,7,8-TCDD                        100.000         4375600          652680
Averages:

RRFn Qis Ris Area Ris Height
  1.199        100.000         4375600          652680

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

17.973             22913              4108             29698              5620        1.00 0.77
19.494              5550              1060              7980              1309      0.2579 0.70
Signal Totals:

            28463              5168             37678              6929
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            66141             12097 0.76

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.261 = (66141 * 100.000) / (4375600 * 1.199)
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Inject. Date: 13-Dec-2019 17:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 7

F1 PeCDFs, RT: 23.266

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         5511096          933706
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         5570299          880900
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         5540697          907303

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

22.374              6832               791              3972               634      0.1656 1.72
Signal Totals:

             6832               791              3972               634
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            10804              1425 1.72

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1656 = (10804 * 100.000) / (5540697 * 1.178)
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Inject. Date: 13-Dec-2019 17:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 7

Non-2,3,7,8-sub-PeCDF, RT: 26.724

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         5511096          933706
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         5570299          880900
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         5540697          907303

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

24.452             13396              1912              7686              1378      0.3231 1.74 M
Signal Totals:

            13396              1912              7686              1378
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            21082              3290 1.74 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3231 = (21082 * 100.000) / (5540697 * 1.178)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Inject. Date: 13-Dec-2019 17:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 7

Non-2,3,7,8-sub-PeCDD, RT: 26.851

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.120 D 13C-1,2,3,7,8-PeCDD                     100.000         3368785          514364
Averages:

RRFn Qis Ris Area Ris Height
  1.120        100.000         3368785          514364

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

24.721             11038              2033              9840              1317      0.5534 1.12 RQ
24.721             11038              2033              7121              1311      0.4813 Empc Correction
25.476             25273              4520             14692              2424        1.06 1.72
26.817              2493               443              1204               331      0.0980 2.07 RQ
26.817              1866               513              1204               331      0.0814 Empc Correction
27.002             10668              1555              7008               897      0.4685 1.52
Signal Totals:

            48845              8621             30025              4963
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            82216             13520 1.51 RQ
            78870             13584 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.179 = (82216 * 100.000) / (3368785 * 1.120)
Empc Amount:          2.090 = (78870 * 100.000) / (3368785 * 1.120)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Inject. Date: 13-Dec-2019 17:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 7

Non-2,3,7,8-sub-HxCDF, RT: 33.751

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.302 D 13C-1,2,3,4,7,8-HxCDF                   100.000         4474520          780231
  1,2,3,6,7,8-HxCDF                  1.291 D 13C-1,2,3,6,7,8-HxCDF                   100.000         4880117          840117
  2,3,4,6,7,8-HxCDF                  1.304 D 13C-2,3,4,6,7,8-HxCDF                   100.000         4385487          833835
  1,2,3,7,8,9-HxCDF                  1.333 D 13C-1,2,3,7,8,9-HxCDF                   100.000         4232604          957038
Averages:

RRFn Qis Ris Area Ris Height
  1.307        100.000         4493182          852805

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

31.868             14251              1728             11665              1749      0.4412 1.22
32.984             13598              1980             10233              1701      0.4057 1.33
34.812              3445               614              2600               562      0.1029 1.33 Ma
Signal Totals:

            31294              4322             24498              4012
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            55792              8334 1.28 Ma

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9497 = (55792 * 100.000) / (4493182 * 1.307)

QC Flag Legend

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Inject. Date: 13-Dec-2019 17:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 7

Non-2,3,7,8-sub-HxCDD, RT: 34.284

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.172 D 13C-1,2,3,4,7,8-HxCDD                   100.000         3605684          778610
  1,2,3,6,7,8-HxCDD                  1.126 D 13C-1,2,3,6,7,8-HxCDD                   100.000         3777780          778910
  1,2,3,7,8,9-HxCDD                  1.233
Averages:

RRFn Qis Ris Area Ris Height
  1.177        100.000         3691732          778760

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

32.908            169286             25179            137449             20227        7.06 1.23
33.881              8889              1421              6030              1059      0.3434 1.47 RQ
33.881              7477              1313              6030              1059      0.3109 Empc Correction
34.284             54748              9167             42076              7159        2.23 1.30
34.519              8397              1399              6338              1291      0.3391 1.32
Signal Totals:

           239908             37058            191893             29736
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           433213             66902 1.26 RQ
           431801             66794 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          9.971 = (433213 * 100.000) / (3691732 * 1.177)
Empc Amount:          9.938 = (431801 * 100.000) / (3691732 * 1.177)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Inject. Date: 13-Dec-2019 17:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDF, RT: 38.556

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.618 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000         3132972          764828
  1,2,3,4,7,8,9-HpCDF                1.467 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000         3642268          973485
Averages:

RRFn Qis Ris Area Ris Height
  1.542        100.000         3387620          869156

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

38.128              4075              1085              4585              1308      0.1657 0.89
38.287             51702             13391             48316             12411        1.91 1.07
Signal Totals:

            55777             14476             52901             13719
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           108678             28195 1.05

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.080 = (108678 * 100.000) / (3387620 * 1.542)
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Lims ID: 320-56911-A-1-A
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Inject. Date: 13-Dec-2019 17:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDD, RT: 38.803

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.124 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000         3382276          871355
Averages:

RRFn Qis Ris Area Ris Height
  1.124        100.000         3382276          871355

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

38.237            659541            165361            640630            160265        34.2 1.03
Signal Totals:

           659541            165361            640630            160265
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1300171            325626 1.03

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         34.209 = (1300171 * 100.000) / (3382276 * 1.124)
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1(14.07 :22.11 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  19.90
Area: 47891
Amount:    2.003453
Amount Units: pg/ul
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Manual Integration Results
RT:  19.90
Area: 45868
Amount:    1.964887
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:20:29
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2(22.22 :29.20 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  25.82
Area: 6640
Amount:    0.264579
Amount Units: pg/ul
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Manual Integration Results
RT:  25.82
Area: 6159
Amount:    0.257112
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:20:39
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2(22.22 :29.20 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 24.28- 29.17)
Signal: 1

Processing Integration Results
RT = 24.452 Area = 13932
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Manual Integration Results
RT = 24.452 Area = 13396 M
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Reviewer: dadunj, 17-Dec-2019 09:20:52
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  33.74
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Manual Integration Results
RT:  33.76
Area: 10681
Amount:    0.406218
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:21:50
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  33.74
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Manual Integration Results
RT:  33.75
Area: 12987
Amount:    0.406218
Amount Units: pg/ul

33.3 33.5 33.7 33.9 34.1
Min

RT

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

 3
3.

74
7

Reviewer: dadunj, 17-Dec-2019 09:22:19
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  33.97
Area: 5247
Amount:    0.200001
Amount Units: pg/ul
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Manual Integration Results
RT:  33.97
Area: 5738
Amount:    0.207859
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:22:10
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 3

Processing Integration Results
RT:  33.97
Area: 12598
Amount:    0.200001
Amount Units: pg/ul
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Manual Integration Results
RT:  33.97
Area: 13093
Amount:    0.207859
Amount Units: pg/ul
Reviewer: dadunj, 17-Dec-2019 09:22:10
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  33.97
Area: 7351
Amount:    0.200001
Amount Units: pg/ul
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Manual Integration Results
RT:  33.97
Area: 7355
Amount:    0.207859
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:22:16
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 1

Processing Integration Results
RT:  34.94
Area: 7404
Amount:    0.176434
Amount Units: pg/ul
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Manual Integration Results
RT:  34.94
Area: 3959
Amount:    0.125265
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:22:44
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
RT:  34.95
Area: 2685
Amount:    0.176434
Amount Units: pg/ul
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Manual Integration Results
RT:  34.95
Area: 3204
Amount:    0.125265
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:22:47
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:24:55 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 31.44- 36.06)
Signal: 1

Processing Integration Results
Not Detected
RT:  31.44- 36.06
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Manual Integration Results
RT = 34.812 Area = 3445 M
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Reviewer: dadunj, 17-Dec-2019 09:23:03
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 09:24:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-1-A          Lab Sample ID: 320-56911-1              
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4(34.11 :36.51 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  37.90
Area: 37737
Amount:    1.523940
Amount Units: pg/ul
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Manual Integration Results
RT:  37.90
Area: 36683
Amount:    1.503143
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:23:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:24:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 17-Dec-2019 09:24:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 17-Dec-2019 09:24:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 17-Dec-2019 09:24:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento
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Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
0)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          19.91

14.08 15.73 17.8314.82

37Cl4-TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          19.54

13C-2,3,7,8-TCDD
          19.88

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1

13C-1,2,3,4-TCDD
          19.54

13C-2,3,7,8-TCDD
          19.88

20.45
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Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  22.37

24.16

15.76
22.5414.16 20.6216.17 22.11 23.7819.0517.89

16.80 20.68

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

2

7

12

17

22

27

32

37

42

47

52

57

62

67

72

77

82

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  22.37
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Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  22.37

24.16
15.76

22.5414.16 20.6216.17 22.11 23.7819.0517.89 20.68

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

2

10

18

26

34

42

50

58

66

74

82

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  22.37

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

0)

F1:m/z     409.7974:SG5Pt_x1
15.88

16.74

15.92
14.81

14.06

17.52
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Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          24.45

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          24.44

PeCDF Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.79

26.34

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.79

26.33
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Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          24.45

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          24.44

PeCDF Interference Mass

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

)

F2:m/z     409.7974:SG5Pt_x1

26.33

24.60
26.39 27.46

29.3328.55
25.03
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Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

7

14

21

28

35

42

49

56

Y
 ( 

X
10

0)

F2:m/z     355.8546:SG5Pt_x1
Non-2,3,7,8-sub-PeCDD
          25.48

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

0)

F2:m/z     357.8516:SG5Pt_x1
Non-2,3,7,8-sub-PeCDD
          25.48

PeCDD Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.97

25.90 28.55

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.97

25.91
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Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          33.75

Non-2,3,7,8-sub-HxCDF
          31.87

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          31.85

HxCDF Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

40

Y
 ( 

X
10

00
0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.9113C-1,2,3,6,7,8-HxCDF

          33.94

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.9113C-1,2,3,6,7,8-HxCDF

          33.94
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          33.75

Non-2,3,7,8-sub-HxCDF
          31.87

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          31.85

HxCDF Interference Mass

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
35.83

33.78 35.8931.08
32.72 34.76
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Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
)

F3:m/z     389.8158:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.91

Non-2,3,7,8-sub-HxCDD
          34.28

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.91

Non-2,3,7,8-sub-HxCDD
          34.28

36.10

HxCDD Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.71

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.70
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Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
)

F4:m/z     407.7817:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.29

1,2,3,4,6,7,8-HpCDF
          37.90

1,2,3,4,7,8,9-HpCDF
          39.22

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
)

F4:m/z     409.7788:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.29

1,2,3,4,6,7,8-HpCDF
          37.90

1,2,3,4,7,8,9-HpCDF
          39.23

37.79

HpCDF Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.21

13C-1,2,3,4,6,7,8-HpCDF
          37.89

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

10

21

32

43

54

65

76

Y
 ( 

X
10

00
0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.21

13C-1,2,3,4,6,7,8-HpCDF
          37.89
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
)

F4:m/z     407.7817:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.29

1,2,3,4,6,7,8-HpCDF
          37.90

1,2,3,4,7,8,9-HpCDF
          39.22

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
)

F4:m/z     409.7788:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.29

1,2,3,4,6,7,8-HpCDF
          37.90

1,2,3,4,7,8,9-HpCDF
          39.23

37.79

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

1

8

15

22

29

36

43

50

57

64

71

Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F4:m/z     423.7767:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.24

1,2,3,4,6,7,8-HpCDD
          38.91

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.24

1,2,3,4,6,7,8-HpCDD
          38.91

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.90

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.90
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Report Date: 17-Dec-2019 09:24:57 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.41

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.41

OCDF Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.34

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.34

41.72
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Report Date: 17-Dec-2019 09:24:57 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.41

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.41

OCDF Interference Mass

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1
42.26

40.97
41.97 43.46

41.11
41.77

41.29 42.50

40.66
43.26 44.2243.90
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Report Date: 17-Dec-2019 09:24:57 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.34

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.34

OCDD Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.34

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.34

41.72
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Report Date: 17-Dec-2019 09:24:57 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1

Page 291 of 1734



Report Date: 17-Dec-2019 09:24:57 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_8.d
Injection Date: 13-Dec-2019 17:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 345338 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (0-1) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-1 RA

Eurofins TestAmerica, Sacramento

Matrix: 17DE1911D2_004.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:10

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/17/2019  16:06

Low2(uL)

20(uL)

% Moisture: 54.8

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 346137 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

2.2 0.4851207-31-9 2,3,7,8-TCDF 27

%RECCAS NO. LIMITSQISOTOPE DILUTION

54 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

95 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 14:53:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_004.d
Lims ID: 320-56911-A-1-A          
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Sample Type: Client
Inject. Date: 17-Dec-2019 16:06:24 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-1-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:04:21 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: shardaa Date: 18-Dec-2019 14:53:27

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.380   82169144 0.77  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.574   59845718 0.79   1.3379        54.4        54.4   0.3331   0.3331  54.44
  2,3,7,8-TCDF 16.601    3099984 0.65   0.8389       6.175       6.175   0.1088   0.1088
D 13C-2,3,7,8-TCDD 15.133   40472438 0.74   0.9388        52.5        52.5   0.5284   0.5284  52.47
  2,3,7,8-TCDD 15.147    1026418 0.85   1.1538       2.198       2.198   0.1266   0.1266
$ 37Cl4-2,3,7,8-TCDD 15.147   36994295   1.1816        38.1        38.1   0.0880   0.0880  95.25

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 18-Dec-2019 14:53:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_004.d
Lims ID: 320-56911-A-1-A          
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Sample Type: Client
Inject. Date: 17-Dec-2019 16:06:24 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-1-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:04:21 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: shardaa Date: 18-Dec-2019 14:53:27

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.380 15.378    0   35755144    7622963  18646  46615    409
333.9339 15.380 15.378    0   46414000    9926705  16180  40450    614  0.77(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.574 16.571    0  1.078   26458814    5008954  19371  48427    259
317.9389 16.574 16.571    0  1.078   33386904    6640072  11916  29790    557  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.601 16.585    1  1.002    1222505     219531   1522   3805    144
305.8987 16.588 16.585    0  1.001    1877479     336845   2733   6832    123  0.65(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.133 15.131    0  0.984   17148522    3620036  18646  46615    194
333.9339 15.133 15.131    0  0.984   23323916    4991732  16180  40450    309  0.74(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.147 15.144    0  1.001     471832      90789   3122   7805     29
321.8936 15.147 15.144    0  1.001     554586     114690   1909   4772     60  0.85(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.147 15.144    0  0.985   36994295    7968879   7297  18242   1092

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 18-Dec-2019 14:53:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_004.d
Injection Date: 17-Dec-2019 16:06:24 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 346137 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.60

15.11

18.9714.05 17.27

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.09

17.27 18.9314.05

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

12.05

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

12.06 23.05
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Report Date: 18-Dec-2019 14:53:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_004.d
Injection Date: 17-Dec-2019 16:06:24 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 346137 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-3

1

5

9

13

17

21

25

29

33

37

41

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 18-Dec-2019 14:53:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_004.d
Injection Date: 17-Dec-2019 16:06:24 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 346137 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

8

17

26

35

44

53

62

71

80

89

98

Y
 ( 

X
10

00
00

)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 18-Dec-2019 14:53:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_004.d
Injection Date: 17-Dec-2019 16:06:24 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (0-1)
Worklist#: 346137 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

45

48

51

54

57

60

63

66

69

72

75

78

81

84

87

90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (1-2)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-2

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_9.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  18:11

Low1(uL)

20(uL)

% Moisture: 42.6

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 345338 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.7 0.331746-01-6 2,3,7,8-TCDD 7.0

8.6 0.3240321-76-4 1,2,3,7,8-PeCDD ND

8.6 0.13J q57117-41-6 1,2,3,7,8-PeCDF 0.74

8.6 0.1457117-31-4 2,3,4,7,8-PeCDF ND

8.6 0.26J q39227-28-6 1,2,3,4,7,8-HxCDD 0.65

8.6 0.28J q B57653-85-7 1,2,3,6,7,8-HxCDD 0.96

8.6 0.25J19408-74-3 1,2,3,7,8,9-HxCDD 2.4

8.6 0.14J q70648-26-9 1,2,3,4,7,8-HxCDF 0.79

8.6 0.13J57117-44-9 1,2,3,6,7,8-HxCDF 0.39

8.6 0.11J q72918-21-9 1,2,3,7,8,9-HxCDF 0.41

8.6 0.12J q60851-34-5 2,3,4,6,7,8-HxCDF 0.20

8.6 0.65B35822-46-9 1,2,3,4,6,7,8-HpCDD 41

8.6 0.23J67562-39-4 1,2,3,4,6,7,8-HpCDF 2.5

8.6 0.1955673-89-7 1,2,3,4,7,8,9-HpCDF ND

17 1.8B3268-87-9 OCDD 1100

17 0.31B39001-02-0 OCDF 23

1.7 0.3341903-57-5 Total TCDD 11

1.7 0.23q30402-14-3 Total TCDF 31

8.6 0.32J36088-22-9 Total PeCDD 5.3

8.6 0.13J q30402-15-4 Total PeCDF 1.5

8.6 0.26q B34465-46-8 Total HxCDD 41

8.6 0.12J q55684-94-1 Total HxCDF 3.5

8.6 0.65B37871-00-4 Total HpCDD 170

8.6 0.21J B38998-75-3 Total HpCDF 7.4

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (1-2)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-2

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_9.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  18:11

Low1(uL)

20(uL)

% Moisture: 42.6

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 345338 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

55 25-16476523-40-5 13C-2,3,7,8-TCDD

49 24-16989059-46-1 13C-2,3,7,8-TCDF

51 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

50 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

53 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

55 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

55 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

48 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

49 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

46 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

45 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

48 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

42 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

51 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

50 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

94 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Lims ID: 320-56911-A-2-A          
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Sample Type: Client
Inject. Date: 13-Dec-2019 18:11:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-2-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:30:50 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: messecara Date: 14-Dec-2019 01:07:18

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 19.544    7250167 0.81  5.2E+04       100.0       100.0  a

D 13C-2,3,7,8-TCDF 18.645    5770867 0.79   1.6096        49.5        49.5   0.2069   0.2069  49.45
  2,3,7,8-TCDF 18.662     398508 0.82   1.2332       5.600       5.600   0.0672   0.0672
A Non-2,3,7,8-sub-TCDF 18.244     234130 0.77   1.2332       3.343       3.290   0.0672    2.439  RQM
S Total TCDF       8.942       8.889   0.0672   0.0672  RQ

D 13C-2,3,7,8-TCDD 19.881    3973941 0.80   0.9984        54.9        54.9   0.2319   0.2319  54.90
  2,3,7,8-TCDD 19.916      97109 0.76   1.1988       2.038       2.038   0.0969   0.0969  M
$ 37Cl4-2,3,7,8-TCDD 19.916    3963873   1.4510        37.7        37.7   0.0411   0.0411  94.20

A Non-2,3,7,8-sub-TCDD 19.035      48389 0.74   1.1988       1.016       1.016   0.0969    1.016
S Total TCDD       3.054       3.054   0.0969   0.0969

D 13C-1,2,3,7,8-PeCDF 25.800    4947379 1.57   1.3678        49.9        49.9   0.2206   0.2206  49.89
  1,2,3,7,8-PeCDF 25.825      12339 1.55   1.1689      0.2454      0.2134   0.0367   0.0367  RQ
D 13C-2,3,4,7,8-PeCDF 27.217    5021813 1.56   1.3045        53.1        53.1   0.2313   0.2313  53.10
  2,3,4,7,8-PeCDF 27.205   0.0399   0.0399
A F1 PeCDFs 23.266   0.0180   0.0180
A Non-2,3,7,8-sub-PeCDF 26.724      12183 1.61   1.1775      0.2076      0.2076   0.0382   0.2076
S Total PeCDF      0.4529      0.4209   0.0383   0.0383  RQ

D 13C-1,2,3,7,8-PeCDD 27.980    3054144 1.60   0.8292        50.8        50.8   0.0867   0.0867  50.80
  1,2,3,7,8-PeCDD 27.965   0.0924   0.0924
A Non-2,3,7,8-sub-PeCDD 26.851      52751 1.52   1.1200       1.542       1.542   0.0924    1.058
S Total PeCDD       1.542       1.542   0.0924   0.0924

D 13C-1,2,3,4,7,8-HxCDF 33.747    3857159 0.53   1.1700        48.3        48.3   0.1956   0.1956  48.35
  1,2,3,4,7,8-HxCDF 33.755      11522 1.24   1.3021      0.2622      0.2294   0.0394   0.0394  RQM
D 13C-1,2,3,6,7,8-HxCDF 33.940    4407883 0.53   1.3168        49.1        49.1   0.1738   0.1738  49.09
  1,2,3,6,7,8-HxCDF 33.982       6413 1.13   1.2907      0.1127      0.1127   0.0366   0.0366  Ma
D 13C-2,3,4,6,7,8-HxCDF 34.912    3944863 0.53   1.2873        44.9        44.9   0.1778   0.1778  44.94
  2,3,4,6,7,8-HxCDF 34.929       2923 1.24   1.3039      0.0620      0.0568   0.0358   0.0358  RQM
D 13C-1,2,3,7,8,9-HxCDF 35.910    3733027 0.54   1.1987        45.7        45.7   0.1909   0.1909  45.67
  1,2,3,7,8,9-HxCDF 35.919       5976 1.24   1.3329      0.1356      0.1201   0.0315   0.0315  RQ
A Non-2,3,7,8-sub-HxCDF 33.751      25755 1.20   1.3074      0.4942      0.4942   0.0356   0.2665  Ma
S Total HxCDF       1.067       1.013   0.0358   0.0358  RQ

Page 302 of 1734



Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 35.709    6818861 1.29  5.8E+04       100.0       100.0  a

D 13C-1,2,3,4,7,8-HxCDD 35.164    3109508 1.28   0.8364        54.5        54.5   0.2012   0.2012  54.52
  1,2,3,4,7,8-HxCDD 35.164       6831 1.24   1.1725      0.2120      0.1874   0.0743   0.0743  RQMa
D 13C-1,2,3,6,7,8-HxCDD 35.290    3365614 1.29   0.9040        54.6        54.6   0.1862   0.1862  54.60
  1,2,3,6,7,8-HxCDD 35.315      10541 1.24   1.1256      0.3034      0.2783   0.0803   0.0803  RQMa
  1,2,3,7,8,9-HxCDD 35.709      27540 1.30   1.2327      0.6901      0.6901   0.0720   0.0720
A Non-2,3,7,8-sub-HxCDD 34.284     410998 1.24   1.1769        10.8        10.8   0.0754    7.877  RQ
S Total HxCDD        12.0        11.9   0.0755   0.0755  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 37.894    2764876 0.44   0.9689        41.8        41.8   0.3052   0.3052  41.85
  1,2,3,4,6,7,8-HpCDF 37.902      32508 1.11   1.6176      0.7268      0.7268   0.0673   0.0673  M
D 13C-1,2,3,4,7,8,9-HpCDF 39.210    3203210 0.46   0.9231        50.9        50.9   0.3204   0.3204  50.89
  1,2,3,4,7,8,9-HpCDF 39.202   0.0542   0.0542
A Non-2,3,7,8-sub-HpCDF 38.556      65972 1.02   1.5424       1.433       1.433   0.0596    1.433
S Total HpCDF       2.160       2.160   0.0608   0.0608

D 13C-1,2,3,4,6,7,8-HpCDD 38.900    2964097 1.04   0.9114        47.7        47.7   0.1419   0.1419  47.69
  1,2,3,4,6,7,8-HpCDD 38.908     396207 1.01   1.1237        11.9        11.9   0.1891   0.1891
A Non-2,3,7,8-sub-HpCDD 38.803    1205335 1.04   1.1237        36.2        36.2   0.1891     36.2
S Total HpCDD        48.1        48.1   0.1891   0.1891

D 13C-OCDD 41.338    4248719 0.91   0.6272        99.3        99.3   0.1808   0.1808  49.67
  OCDF 41.422     214914 0.87   1.5416       6.562       6.562   0.0908   0.0908
  OCDD 41.346    8262195 0.88   1.1855       328.1       328.1   0.5301   0.5301

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Lims ID: 320-56911-A-2-A          
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Sample Type: Client
Inject. Date: 13-Dec-2019 18:11:00 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-2-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:30:50 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: messecara Date: 14-Dec-2019 01:07:18

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD a
331.9368 19.544 19.502    3    3250393     511613    784   1960    653 a
333.9338 19.544 19.502    3    3999774     629329    273    682   2305  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 18.645 18.611    2  0.954    2545722     404229    999   2497    405
317.9389 18.645 18.611    2  0.954    3225145     509461    521   1302    978  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.662 18.637    1  1.001     179090      25618    101    252    254
305.8987 18.679 18.637    3  1.002     219418      33439    202    505    166  0.82(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 16.795 18.244  -87  0.901       7765       1315    101    252     13
Empc Correction       6507        912    101    252      9

305.8987 16.778 18.244  -88  0.900       8451       1185    202    505      6  0.92(0.65-0.89)

303.9016 17.556 18.244  -41  0.942       9059       1304    101    252     13
Empc Correction       6544       1359    101    252     13

305.8987 17.539 18.244  -42  0.941       8500       1766    202    505      9  1.07(0.65-0.89)

303.9016 18.014 18.244  -14  0.966      75385      13348    101    252    132
305.8987 18.023 18.244  -13  0.967      98170      16627    202    505     82  0.77(0.65-0.89) M

303.9016 19.414 18.244   70  1.041      12511       2072    101    252     21
305.8987 19.414 18.244   70  1.041      18062       2789    202    505     14  0.69(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19.881 19.848    2  1.017    1768427     257771    784   1960    329
333.9338 19.881 19.848    2  1.017    2205514     319187    273    682   1169  0.80(0.65-0.89)

2,3,7,8-TCDD M
319.8965 19.916 19.874    3  1.002      41928       6566    193    482     34 M
321.8936 19.907 19.874    2  1.001      55181       9099     75    187    121  0.76(0.65-0.89) M

37Cl4-2,3,7,8-TCDD
327.8847 19.916 19.882    2  1.019    3963873     581584    272    680   2138
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-TCDD

319.8965 17.988 19.035  -63  0.905      20539       3278    193    482     17
321.8936 17.988 19.035  -63  0.905      27850       4886     75    187     65  0.74(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 25.800 25.760    2  1.320    3024078     519639    847   2117    614
353.8970 25.800 25.760    2  1.320    1923301     331092    530   1325    625  1.57(1.32-1.78)

1,2,3,7,8-PeCDF RQ
339.8597 25.825 25.785    2  1.001       9350       1719     43    107     40

Empc Correction       7500       1785     43    107     42
341.8567 25.825 25.785    2  1.001       4839       1152    103    257     11  1.93(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 27.217 27.177    2  1.393    3063390     475609    847   2117    562
353.8970 27.217 27.177    2  1.393    1958423     295136    530   1325    557  1.56(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 27.202      43     107
341.8567 27.202     103     257

A F1 PeCDFs
339.8597 23.266       4      10
341.8567 23.266      65     162

A Non-2,3,7,8-sub-PeCDF

339.8597 24.433 26.724 -137  0.947       7514       1198     43    107     28
341.8567 24.433 26.724 -137  0.947       4669        707    103    257      7  1.61(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 27.980 27.949    2  1.432    1878220     285149    201    502   1419
369.8919 27.980 27.949    2  1.432    1175924     169030    127    317   1331  1.60(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 27.965     122     305
357.8516 27.965      66     165

A Non-2,3,7,8-sub-PeCDD

355.8546 24.726 26.851 -127  0.884       9565       1460    122    305     12
357.8516 24.709 26.851 -128  0.883       7009       1015     66    165     15  1.36(1.32-1.78)

355.8546 25.473 26.851  -83  0.910      22261       3848    122    305     32
357.8516 25.464 26.851  -83  0.910      13916       2432     66    165     37  1.60(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 33.747 33.714    2  0.945    1333644     219222    611   1527    359
385.8610 33.738 33.714    1  0.945    2523515     428111    693   1732    618  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF RQM
373.8208 33.755 33.739    1  1.000       8027       1259     78    195     16 M

Empc Correction       6378        964     78    195     12
375.8178 33.755 33.739    1  1.000       5144        778     55    137     14  1.56(1.05-1.43) M

13C-1,2,3,6,7,8-HxCDF
383.8639 33.940 33.915    1  0.950    1526068     244586    611   1527    400
385.8610 33.940 33.915    1  0.950    2881815     458036    693   1732    661  0.53(0.43-0.59)

1,2,3,6,7,8-HxCDF Ma
373.8208 33.982 33.932    3  1.001       3402        784     78    195     10 M
375.8178 33.998 33.932    4  1.002       3011        533     55    137     10  1.13(1.05-1.43)

Page 305 of 1734



Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,6,7,8-HxCDF
383.8639 34.912 34.880    2  0.978    1365909     246134    611   1527    403
385.8610 34.912 34.880    2  0.978    2578954     466026    693   1732    672  0.53(0.43-0.59)

2,3,4,6,7,8-HxCDF RQM
373.8208 34.929 34.905    1  1.000       1885        330     78    195      4

Empc Correction       1618        580     78    195      7
375.8178 34.929 34.905    1  1.000       1305        468     55    137      9  1.44(1.05-1.43) M

13C-1,2,3,7,8,9-HxCDF
383.8639 35.910 35.878    2  1.006    1304151     282804    611   1527    463
385.8610 35.902 35.878    1  1.005    2428876     507499    693   1732    732  0.54(0.43-0.59)

1,2,3,7,8,9-HxCDF RQ
373.8208 35.919 35.894    1  1.000       4079        644     78    195      8

Empc Correction       3308        742     78    195     10
375.8178 35.919 35.894    1  1.000       2668        599     55    137     11  1.53(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF Ma

373.8208 31.868 33.751 -113  0.944       6277        853     78    195     11 M
375.8178 31.860 33.751 -113  0.944       5590        602     55    137     11  1.12(1.05-1.43)

373.8208 32.992 33.751  -45  0.978       7772       1274     78    195     16 M
375.8178 32.975 33.751  -46  0.977       6116       1039     55    137     19  1.27(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD a
401.8559 35.709 35.685    1    3837126     795822    553   1382   1439 a
403.8529 35.709 35.685    1    2981735     628462    406   1015   1548  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.164 35.131    2  0.985    1746938     379963    553   1382    687
403.8529 35.164 35.131    2  0.985    1362570     297385    406   1015    732  1.28(1.05-1.43)

1,2,3,4,7,8-HxCDD RQMa
389.8158 35.164 35.148    1  1.000       3782        844    121    302      7 M
391.8127 35.147 35.148    0  1.000       3947        733    115    287      6  0.96(1.05-1.43)

Empc Correction       3049        680    115    287      6

13C-1,2,3,6,7,8-HxCDD
401.8559 35.290 35.265    1  0.988    1894103     364983    553   1382    660
403.8529 35.290 35.265    1  0.988    1471511     287524    406   1015    708  1.29(1.05-1.43)

1,2,3,6,7,8-HxCDD RQMa
389.8158 35.315 35.282    2  1.001       6788       1362    121    302     11 M

Empc Correction       5835       1417    121    302     12
391.8127 35.315 35.282    2  1.001       4706       1143    115    287     10  1.44(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 35.709 35.693    1  1.015      15565       2629    121    302     22
391.8127 35.717 35.693    1  1.016      11975       2238    115    287     19  1.30(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQ

389.8158 32.916 34.284  -82  0.933     165463      22876    121    302    189
391.8127 32.908 34.284  -82  0.933     134695      18994    115    287    165  1.23(1.05-1.43)

389.8158 33.864 34.284  -25  0.960       8721       1200    121    302     10
Empc Correction       7035       1176    121    302     10

391.8127 33.881 34.284  -24  0.960       5674        949    115    287      8  1.54(1.05-1.43)
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

389.8158 34.275 34.284   -1  0.971      43552       7808    121    302     65
391.8127 34.283 34.284    0  0.971      36534       5594    115    287     49  1.19(1.05-1.43)

389.8158 34.493 34.284   13  0.977       9386       1807    121    302     15
391.8127 34.518 34.284   14  0.978       8659       1504    115    287     13  1.08(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 37.894 37.877    1  1.061     845632     191623    602   1505    318
419.8220 37.894 37.877    1  1.061    1919244     429862   1083   2707    397  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7817 37.902 37.886    1  1.000      17085       3771    200    500     19
409.7788 37.894 37.886    0  1.000      15423       3368     71    177     47  1.11(0.88-1.20) M

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.210 39.194    1  1.098    1006037     267360    602   1505    444
419.8220 39.210 39.194    1  1.098    2197173     584178   1083   2707    539  0.46(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.202     200     500
409.7788 39.202      71     177

A Non-2,3,7,8-sub-HpCDF

407.7817 38.288 38.556  -16  1.010      33328       8229    200    500     41
409.7788 38.288 38.556  -16  1.010      32644       8737     71    177    123  1.02(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 38.900 38.892    0  1.089    1512732     368512    384    960    960
437.8140 38.900 38.892    0  1.089    1451365     366511    353    882   1038  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 38.908 38.901    0  1.000     199459      50273    349    872    144
425.7737 38.908 38.901    0  1.000     196748      47130    276    690    171  1.01(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 38.237 38.803  -34  0.983     615745     147327    349    872    422
425.7737 38.229 38.803  -34  0.983     589590     138258    276    690    501  1.04(0.88-1.20)

13C-OCDD
469.7780 41.338 41.345    0  1.158    2027623     380755    351    877   1085
471.7750 41.338 41.345    0  1.158    2221096     414798    295    737   1406  0.91(0.76-1.02)

OCDF
441.7428 41.422 41.413    1  1.002     100243      19453     69    172    282
443.7399 41.422 41.413    1  1.002     114671      24391    154    385    158  0.87(0.76-1.02)

OCDD
457.7377 41.346 41.345    0  1.000    3868791     719135    476   1190   1511
459.7348 41.346 41.345    0  1.000    4393404     811286    524   1310   1548  0.88(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID

Page 307 of 1734



Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Lims ID: 320-56911-A-2-A
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Inject. Date: 13-Dec-2019 18:11:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDF, RT: 18.244

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.233 D 13C-2,3,7,8-TCDF                        100.000         5770867          913690
Averages:

RRFn Qis Ris Area Ris Height
  1.233        100.000         5770867          913690

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

16.795              7765              1315              8451              1185      0.2279 0.92 RQ
16.795              6507               912              8451              1185      0.2102 Empc Correction
17.556              9059              1304              8500              1766      0.2467 1.07 RQ
17.556              6544              1359              8500              1766      0.2114 Empc Correction
18.014             75385             13348             98170             16627        2.44 0.77 M
19.414             12511              2072             18062              2789      0.4296 0.69
Signal Totals:

           100947             17691            133183             22367
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           237903             40406 0.79 RQM
           234130             40058 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.343 = (237903 * 100.000) / (5770867 * 1.233)
Empc Amount:          3.290 = (234130 * 100.000) / (5770867 * 1.233)
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Lims ID: 320-56911-A-2-A
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Inject. Date: 13-Dec-2019 18:11:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDD, RT: 19.035

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.199 D 13C-2,3,7,8-TCDD                        100.000         3973941          576958
Averages:

RRFn Qis Ris Area Ris Height
  1.199        100.000         3973941          576958

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

17.988             20539              3278             27850              4886        1.02 0.74
Signal Totals:

            20539              3278             27850              4886
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            48389              8164 0.74

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.016 = (48389 * 100.000) / (3973941 * 1.199)
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Lims ID: 320-56911-A-2-A
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Inject. Date: 13-Dec-2019 18:11:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 8

Non-2,3,7,8-sub-PeCDF, RT: 26.724

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         4947379          850731
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         5021813          770745
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         4984596          810738

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

24.433              7514              1198              4669               707      0.2076 1.61
Signal Totals:

             7514              1198              4669               707
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            12183              1905 1.61

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2076 = (12183 * 100.000) / (4984596 * 1.178)
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Lims ID: 320-56911-A-2-A
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Inject. Date: 13-Dec-2019 18:11:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 8

Non-2,3,7,8-sub-PeCDD, RT: 26.851

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.120 D 13C-1,2,3,7,8-PeCDD                     100.000         3054144          454179
Averages:

RRFn Qis Ris Area Ris Height
  1.120        100.000         3054144          454179

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

24.726              9565              1460              7009              1015      0.4845 1.36
25.473             22261              3848             13916              2432        1.06 1.60
Signal Totals:

            31826              5308             20925              3447
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            52751              8755 1.52

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.542 = (52751 * 100.000) / (3054144 * 1.120)
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Lims ID: 320-56911-A-2-A
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Inject. Date: 13-Dec-2019 18:11:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 8

Non-2,3,7,8-sub-HxCDF, RT: 33.751

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.302 D 13C-1,2,3,4,7,8-HxCDF                   100.000         3857159          647333
  1,2,3,6,7,8-HxCDF                  1.291 D 13C-1,2,3,6,7,8-HxCDF                   100.000         4407883          702622
  2,3,4,6,7,8-HxCDF                  1.304 D 13C-2,3,4,6,7,8-HxCDF                   100.000         3944863          712160
  1,2,3,7,8,9-HxCDF                  1.333 D 13C-1,2,3,7,8,9-HxCDF                   100.000         3733027          790303
Averages:

RRFn Qis Ris Area Ris Height
  1.307        100.000         3985733          713104

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

31.868              6277               853              5590               602      0.2277 1.12 Ma
32.992              7772              1274              6116              1039      0.2665 1.27 Ma
Signal Totals:

            14049              2127             11706              1641
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            25755              3768 1.20 Ma

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.4942 = (25755 * 100.000) / (3985733 * 1.307)

QC Flag Legend

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Lims ID: 320-56911-A-2-A
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Inject. Date: 13-Dec-2019 18:11:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 8

Non-2,3,7,8-sub-HxCDD, RT: 34.284

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.172 D 13C-1,2,3,4,7,8-HxCDD                   100.000         3109508          677348
  1,2,3,6,7,8-HxCDD                  1.126 D 13C-1,2,3,6,7,8-HxCDD                   100.000         3365614          652507
  1,2,3,7,8,9-HxCDD                  1.233
Averages:

RRFn Qis Ris Area Ris Height
  1.177        100.000         3237561          664927

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

32.916            165463             22876            134695             18994        7.88 1.23
33.864              8721              1200              5674               949      0.3778 1.54 RQ
33.864              7035              1176              5674               949      0.3335 Empc Correction
34.275             43552              7808             36534              5594        2.10 1.19
34.493              9386              1807              8659              1504      0.4736 1.08
Signal Totals:

           225436             33667            185562             27041
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           412684             60732 1.22 RQ
           410998             60708 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         10.831 = (412684 * 100.000) / (3237561 * 1.177)
Empc Amount:         10.786 = (410998 * 100.000) / (3237561 * 1.177)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Page 314 of 1734



Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Lims ID: 320-56911-A-2-A
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Inject. Date: 13-Dec-2019 18:11:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDF, RT: 38.556

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.618 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000         2764876          621485
  1,2,3,4,7,8,9-HpCDF                1.467 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000         3203210          851538
Averages:

RRFn Qis Ris Area Ris Height
  1.542        100.000         2984043          736511

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

38.288             33328              8229             32644              8737        1.43 1.02
Signal Totals:

            33328              8229             32644              8737
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            65972             16966 1.02

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.433 = (65972 * 100.000) / (2984043 * 1.542)
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Report Date: 17-Dec-2019 09:30:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Lims ID: 320-56911-A-2-A
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Inject. Date: 13-Dec-2019 18:11:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDD, RT: 38.803

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.124 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000         2964097          735023
Averages:

RRFn Qis Ris Area Ris Height
  1.124        100.000         2964097          735023

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

38.237            615745            147327            589590            138258        36.2 1.04
Signal Totals:

           615745            147327            589590            138258
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1205335            285585 1.04

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         36.188 = (1205335 * 100.000) / (2964097 * 1.124)
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1(14.07 :22.11 )

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 14.72- 21.77)
Signal: 2

Processing Integration Results
RT = 18.023 Area = 103286
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Manual Integration Results
RT = 18.023 Area = 98170 M
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Reviewer: dadunj, 17-Dec-2019 09:25:50
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1(14.07 :22.11 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  19.91
Area: 55794
Amount:    2.089199
Amount Units: pg/ul
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Manual Integration Results
RT:  19.91
Area: 55181
Amount:    2.038381
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:26:12
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1(14.07 :22.11 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  19.92
Area: 43736
Amount:    2.089199
Amount Units: pg/ul
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Manual Integration Results
RT:  19.92
Area: 41928
Amount:    2.038381
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:26:13
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 1

Processing Integration Results
RT:  33.76
Area: 8122
Amount:    0.265523
Amount Units: pg/ul
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Manual Integration Results
RT:  33.76
Area: 8027
Amount:    0.262238
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:27:36
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  33.76
Area: 5214
Amount:    0.265523
Amount Units: pg/ul
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Manual Integration Results
RT:  33.76
Area: 5144
Amount:    0.262238
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:27:39
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  34.00
Area: 2906
Amount:    0.127130
Amount Units: pg/ul
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Manual Integration Results
RT:  34.00
Area: 3011
Amount:    0.112717
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:27:32
Audit Action: Manually Integrated Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  33.98
Area: 4327
Amount:    0.127130
Amount Units: pg/ul

33.6 33.8 34.0 34.2 34.4
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

14

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

 3
3.

98
2

Manual Integration Results
RT:  33.98
Area: 3402
Amount:    0.112717
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:27:48
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
RT:  34.93
Area: 2705
Amount:    0.089235
Amount Units: pg/ul

34.4 34.6 34.8 35.0 35.2
Min

2

6

10

14

18

22

26

30

34

38

42

46

50

54

58

Y
 ( 

X
10

)

F3:m/z     375.8178:SG5Pt_x1

 3
4.

92
9

Manual Integration Results
RT:  34.93
Area: 1305
Amount:    0.062017
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:27:56
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 31.44- 36.06)
Signal: 1

Processing Integration Results
RT = 31.868 Area = 6277
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Manual Integration Results
RT = 31.868 Area = 6277
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Reviewer: dadunj, 17-Dec-2019 09:29:07
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Baseline
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 31.44- 36.06)
Signal: 1

Processing Integration Results
RT = 32.992 Area = 8152
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Manual Integration Results
RT = 32.992 Area = 7772 M
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Reviewer: dadunj, 17-Dec-2019 09:29:07
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Baseline
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  35.31
Area: 4706
Amount:    0.419024
Amount Units: pg/ul

34.8 35.0 35.2 35.4 35.6
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

0)

F3:m/z     391.8127:SG5Pt_x1

 3
5.

31
5

Manual Integration Results
RT:  35.15
Area: 3947
Amount:    0.211994
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:29:34
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 3

Processing Integration Results
RT:  35.31
Area: 15277
Amount:    0.419024
Amount Units: pg/ul
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Manual Integration Results
RT:  35.16
Area: 7729
Amount:    0.211994
Amount Units: pg/ul
Reviewer: dadunj, 17-Dec-2019 09:29:34
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  35.31
Area: 10571
Amount:    0.419024
Amount Units: pg/ul
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Manual Integration Results
RT:  35.16
Area: 3782
Amount:    0.211994
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:29:35
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  35.31
Area: 4706
Amount:    0.403267
Amount Units: pg/ul
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Manual Integration Results
RT:  35.31
Area: 4706
Amount:    0.303407
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:29:40
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  35.31
Area: 15277
Amount:    0.403267
Amount Units: pg/ul
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Manual Integration Results
RT:  35.31
Area: 11494
Amount:    0.303407
Amount Units: pg/ul
Reviewer: dadunj, 17-Dec-2019 09:29:40
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  35.31
Area: 10571
Amount:    0.403267
Amount Units: pg/ul
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Manual Integration Results
RT:  35.31
Area: 6788
Amount:    0.303407
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:29:41
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak

Page 332 of 1734



Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-2-A          Lab Sample ID: 320-56911-2              
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4(34.11 :36.51 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  37.89
Area: 15965
Amount:    0.738954
Amount Units: pg/ul
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Manual Integration Results
RT:  37.89
Area: 15423
Amount:    0.726835
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:29:51
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 333 of 1734



Report Date: 17-Dec-2019 09:30:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          18.66

21.7515.93 19.77
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          18.68

Non-2,3,7,8-sub-TCDF
          19.41
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13C-2,3,7,8-TCDF
          18.64
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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15.93 19.77
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          19.41

TCDF Interference Mass
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          19.92

Non-2,3,7,8-sub-TCDD
          17.99

20.11
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Non-2,3,7,8-sub-TCDD
          17.99

19.5016.71 21.8420.13

TCDD Standards
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13C-1,2,3,4-TCDD
          19.54

13C-2,3,7,8-TCDD
          19.88
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13C-2,3,7,8-TCDD
          19.88

20.24
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Standards
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          19.88
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13C-2,3,7,8-TCDD
          19.88
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1:m/z     339.8597:SG5Pt_x1

22.40

14.84
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F1 PeCDFs Interference Mass
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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F2:m/z     339.8597:SG5Pt_x1
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PeCDF Standards
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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PeCDF Interference Mass

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

)

F2:m/z     409.7974:SG5Pt_x1

27.06

26.33

28.6027.67 30.2927.2225.82 29.2228.15

Page 341 of 1734



Report Date: 17-Dec-2019 09:30:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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PeCDD Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.98

25.94 28.99

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.98

28.33

Page 342 of 1734



Report Date: 17-Dec-2019 09:30:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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F3:m/z     373.8208:SG5Pt_x1
Non-2,3,7,8-sub-HxCDF
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Non-2,3,7,8-sub-HxCDF
          31.87
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          31.86
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          32.99

Non-2,3,7,8-sub-HxCDF
          31.87

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          32.98

1,2,3,4,7,8-HxCDF
          33.76

Non-2,3,7,8-sub-HxCDF
          31.86

HxCDF Interference Mass

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

1

3

5

7

9

11

13

Y
 ( 

X
10

)

F3:m/z     445.7555:SG5Pt_x1 34.81

34.38
35.42

32.65
35.7135.2632.14 33.18 35.8134.10

Page 344 of 1734



Report Date: 17-Dec-2019 09:30:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
)

F3:m/z     389.8158:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.92

Non-2,3,7,8-sub-HxCDD
          34.27

36.11

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.91

36.10

Non-2,3,7,8-sub-HxCDD
          34.28

HxCDD Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

12

24

36

48

60

72

84

96

Y
 ( 

X
10

00
0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.71

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.71
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Report Date: 17-Dec-2019 09:30:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
)

F4:m/z     407.7817:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.29

1,2,3,4,6,7,8-HpCDF
          37.90

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
)

F4:m/z     409.7788:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.29

1,2,3,4,6,7,8-HpCDF
          37.89

39.2238.1537.79

HpCDF Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.21

13C-1,2,3,4,6,7,8-HpCDF
          37.89

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

8

17

26

35

44

53

62

71

Y
 ( 

X
10

00
0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.21

13C-1,2,3,4,6,7,8-HpCDF
          37.89
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Report Date: 17-Dec-2019 09:30:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
)

F4:m/z     407.7817:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.29

1,2,3,4,6,7,8-HpCDF
          37.90

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
)

F4:m/z     409.7788:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.29

1,2,3,4,6,7,8-HpCDF
          37.89

39.22
38.15

37.79

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

1

9

17

25

33

41

49

57

65

73

81

89

Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1
37.86

39.91

40.10
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Report Date: 17-Dec-2019 09:30:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F4:m/z     423.7767:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.24

1,2,3,4,6,7,8-HpCDD
          38.91

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.23

1,2,3,4,6,7,8-HpCDD
          38.91

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.90

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.90
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Report Date: 17-Dec-2019 09:30:54 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.42

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.42

OCDF Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.34

41.76

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.34

42.05
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Report Date: 17-Dec-2019 09:30:54 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.42

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.42

OCDF Interference Mass

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1

43.41

44.0542.00 43.57
44.5243.21

42.19 44.3141.63
44.9040.99

Page 350 of 1734



Report Date: 17-Dec-2019 09:30:54 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.35

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y
 ( 

X
10

00
0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.35

OCDD Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.34

41.76

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.34

42.05
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Report Date: 17-Dec-2019 09:30:54 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1
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Report Date: 17-Dec-2019 09:30:54 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_9.d
Injection Date: 13-Dec-2019 18:11:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 345338 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (1-2) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-2 RA

Eurofins TestAmerica, Sacramento

Matrix: 17DE1911D2_005.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/17/2019  16:44

Low2(uL)

20(uL)

% Moisture: 42.6

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 346137 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.7 0.4251207-31-9 2,3,7,8-TCDF 21

%RECCAS NO. LIMITSQISOTOPE DILUTION

56 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

107 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 18-Dec-2019 01:04:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_005.d
Lims ID: 320-56911-A-2-A          
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Sample Type: Client
Inject. Date: 17-Dec-2019 16:44:47 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-2-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:00:28 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0317

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.382   71605995 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.562   53605554 0.80   1.3379        56.0        56.0   0.4395   0.4395  55.95
  2,3,7,8-TCDF 16.589    2777094 0.80   0.8389       6.176       6.176   0.1221   0.1221
D 13C-2,3,7,8-TCDD 15.121   36456531 0.75   0.9388        54.2        54.2   0.6225   0.6225  54.23
  2,3,7,8-TCDD 15.135     840651 0.83   1.1538       1.999       1.999   0.1395   0.1395
$ 37Cl4-2,3,7,8-TCDD 15.149   36290629   1.1816        42.9        42.9   0.0779   0.0779    107

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 18-Dec-2019 01:04:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_005.d
Lims ID: 320-56911-A-2-A          
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Sample Type: Client
Inject. Date: 17-Dec-2019 16:44:47 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-2-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:00:28 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0317

Signal
RT

(min.)
Adj RT
(min.)

N
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.382 15.378    0   31294707    6685516  19386  48465    345
333.9339 15.382 15.378    0   40311288    8437194  15968  39920    528  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.562 16.571   -1  1.077   23857621    4339461  22573  56432    192
317.9389 16.575 16.571    0  1.078   29747933    5268070  12998  32495    405  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.589 16.604    0  1.002    1232515     232822   1376   3440    169
305.8987 16.589 16.604    0  1.002    1544579     301556   2561   6402    118  0.80(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.121 15.131   -1  0.983   15618075    3379259  19386  48465    174
333.9339 15.135 15.131    0  0.984   20838456    4308199  15968  39920    270  0.75(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.135 15.144   -1  1.001     382063      83740   2825   7062     30
321.8936 15.162 15.144    1  1.003     458588      93809   2125   5312     44  0.83(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.149 15.144    0  0.985   36290629    7739976   5568  13920   1390

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 18-Dec-2019 01:04:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_005.d
Injection Date: 17-Dec-2019 16:44:47 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 346137 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.09

18.9617.26

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.09

17.26 18.9514.02

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          16.56

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

8

17

26

35

44

53

62

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.58

12.05
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Report Date: 18-Dec-2019 01:04:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_005.d
Injection Date: 17-Dec-2019 16:44:47 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 346137 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

3

7

11

15

19

23

27

31

35

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-3

2

7

12

17

22

27

32

37

42

47

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 18-Dec-2019 01:04:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_005.d
Injection Date: 17-Dec-2019 16:44:47 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 346137 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

8

17

26

35

44

53

62

71

80

89

Y
 ( 

X
10

00
00

)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 18-Dec-2019 01:04:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_005.d
Injection Date: 17-Dec-2019 16:44:47 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (1-2)
Worklist#: 346137 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

45

48

51

54

57

60

63

66

69

72

75

78

81

84

87

90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (2-4)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-3

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_10.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  18:59

Low1(uL)

20(uL)

% Moisture: 46.4

Sample wt/vol: 10.02(g)

N

Analysis Batch No.: 345338 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.9 0.301746-01-6 2,3,7,8-TCDD 3.4

9.3 0.2940321-76-4 1,2,3,7,8-PeCDD ND

9.3 0.11J57117-41-6 1,2,3,7,8-PeCDF 0.44

9.3 0.1257117-31-4 2,3,4,7,8-PeCDF ND

9.3 0.25J39227-28-6 1,2,3,4,7,8-HxCDD 0.54

9.3 0.26J q B57653-85-7 1,2,3,6,7,8-HxCDD 0.62

9.3 0.24J19408-74-3 1,2,3,7,8,9-HxCDD 1.5

9.3 0.099J q70648-26-9 1,2,3,4,7,8-HxCDF 0.25

9.3 0.09657117-44-9 1,2,3,6,7,8-HxCDF ND

9.3 0.085J q72918-21-9 1,2,3,7,8,9-HxCDF 0.20

9.3 0.09560851-34-5 2,3,4,6,7,8-HxCDF ND

9.3 0.30B35822-46-9 1,2,3,4,6,7,8-HpCDD 16

9.3 0.15J67562-39-4 1,2,3,4,6,7,8-HpCDF 0.86

9.3 0.1455673-89-7 1,2,3,4,7,8,9-HpCDF ND

19 0.73B3268-87-9 OCDD 330

19 0.23J B39001-02-0 OCDF 4.5

1.9 0.30q41903-57-5 Total TCDD 11

1.9 0.1730402-14-3 Total TCDF 15

9.3 0.29J36088-22-9 Total PeCDD 6.6

9.3 0.12J30402-15-4 Total PeCDF 0.44

9.3 0.25q B34465-46-8 Total HxCDD 27

9.3 0.094J q55684-94-1 Total HxCDF 0.45

9.3 0.30B37871-00-4 Total HpCDD 63

9.3 0.14J B38998-75-3 Total HpCDF 2.7

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (2-4)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-3

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_10.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  18:59

Low1(uL)

20(uL)

% Moisture: 46.4

Sample wt/vol: 10.02(g)

N

Analysis Batch No.: 345338 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

54 25-16476523-40-5 13C-2,3,7,8-TCDD

49 24-16989059-46-1 13C-2,3,7,8-TCDF

52 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

51 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

54 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

58 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

59 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

53 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

52 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

48 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

48 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

54 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

49 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

55 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

59 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

90 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Lims ID: 320-56911-A-3-A          
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Sample Type: Client
Inject. Date: 13-Dec-2019 18:59:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-3-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:34:40 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: dadunj Date: 17-Dec-2019 09:34:39

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 19.521    7930954 0.81  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 18.630    6239434 0.78   1.6096        48.9        48.9   0.1919   0.1919  48.88
  2,3,7,8-TCDF 18.665     217592 0.79   1.2332       2.828       2.828   0.0467   0.0467
A Non-2,3,7,8-sub-TCDF 18.244      89407 0.74   1.2332       1.162       1.162   0.0467    1.162
S Total TCDF       3.990       3.990   0.0467   0.0467

D 13C-2,3,7,8-TCDD 19.867    4281798 0.79   0.9984        54.1        54.1   0.1947   0.1947  54.08
  2,3,7,8-TCDD 19.893      46729 0.82   1.1988      0.9103      0.9103   0.0797   0.0797
$ 37Cl4-2,3,7,8-TCDD 19.893    4155370   1.4510        36.1        36.1   0.0399   0.0399  90.27

A Non-2,3,7,8-sub-TCDD 19.035     107608 0.77   1.1988       2.167       2.096   0.0797    1.766  RQ
S Total TCDD       3.077       3.007   0.0797   0.0797  RQ

D 13C-1,2,3,7,8-PeCDF 25.778    5571130 1.55   1.3678        51.4        51.4   0.2333   0.2333  51.36
  1,2,3,7,8-PeCDF 25.794       7632 1.75   1.1689      0.1172      0.1172   0.0304   0.0304  M
D 13C-2,3,4,7,8-PeCDF 27.195    5580084 1.57   1.3045        53.9        53.9   0.2446   0.2446  53.94
  2,3,4,7,8-PeCDF 27.205   0.0321   0.0321
A F1 PeCDFs 23.266   0.0135   0.0135
A Non-2,3,7,8-sub-PeCDF 26.724   0.0312   0.0312
S Total PeCDF      0.1172      0.1172   0.0312   0.0312

D 13C-1,2,3,7,8-PeCDD 27.967    3388223 1.59   0.8292        51.5        51.5   0.1394   0.1394  51.52
  1,2,3,7,8-PeCDD 27.965   0.0771   0.0771
A Non-2,3,7,8-sub-PeCDD 26.851      67538 1.49   1.1200       1.780       1.780   0.0771    1.280
S Total PeCDD       1.780       1.780   0.0771   0.0771

D 13C-1,2,3,4,7,8-HxCDF 33.723    4684020 0.52   1.1700        52.5        52.5   0.2007   0.2007  52.54
  1,2,3,4,7,8-HxCDF 33.732       4173 1.24   1.3021      0.0855      0.0684   0.0265   0.0265  RQM
D 13C-1,2,3,6,7,8-HxCDF 33.925    5246645 0.52   1.3168        52.3        52.3   0.1784   0.1784  52.29
  1,2,3,6,7,8-HxCDF 33.918   0.0257   0.0257
D 13C-2,3,4,6,7,8-HxCDF 34.889    4661594 0.53   1.2873        47.5        47.5   0.1824   0.1824  47.52
  2,3,4,6,7,8-HxCDF 34.905   0.0255   0.0255
D 13C-1,2,3,7,8,9-HxCDF 35.896    4407909 0.53   1.1987        48.3        48.3   0.1959   0.1959  48.25
  1,2,3,7,8,9-HxCDF 35.904       3125 1.24   1.3329      0.0666      0.0532   0.0229   0.0229  RQM
A Non-2,3,7,8-sub-HxCDF 33.751   0.0251   0.0251  U
S Total HxCDF      0.1521      0.1216   0.0252   0.0252  RQ
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 35.686    7620244 1.29  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.141    3712083 1.26   0.8364        58.2        58.2   0.2010   0.2010  58.24
  1,2,3,4,7,8-HxCDD 35.174       6316 1.07   1.1725      0.1451      0.1451   0.0664   0.0664  Ma
D 13C-1,2,3,6,7,8-HxCDD 35.275    4033423 1.30   0.9040        58.5        58.5   0.1860   0.1860  58.55
  1,2,3,6,7,8-HxCDD 35.317       7588 1.24   1.1256      0.1970      0.1671   0.0700   0.0700  RQMa
  1,2,3,7,8,9-HxCDD 35.694      19739 1.32   1.2327      0.4135      0.4135   0.0635   0.0635
A Non-2,3,7,8-sub-HxCDD 34.284     297427 1.24   1.1769       6.525       6.525   0.0665    5.496
S Total HxCDD       7.281       7.251   0.0666   0.0666  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 37.872    3604566 0.44   0.9689        48.8        48.8   0.3304   0.3304  48.82
  1,2,3,4,6,7,8-HpCDF 37.905      13466 1.10   1.6176      0.2309      0.2309   0.0399   0.0399
D 13C-1,2,3,4,7,8,9-HpCDF 39.188    3880888 0.45   0.9231        55.2        55.2   0.3468   0.3468  55.17
  1,2,3,4,7,8,9-HpCDF 39.202   0.0370   0.0370
A Non-2,3,7,8-sub-HpCDF 38.556      28755 1.03   1.5424      0.4981      0.4981   0.0382   0.4981  M
S Total HpCDF      0.7290      0.7290   0.0385   0.0385

D 13C-1,2,3,4,6,7,8-HpCDD 38.886    3744564 1.07   0.9114        53.9        53.9   0.1381   0.1381  53.92
  1,2,3,4,6,7,8-HpCDD 38.895     182484 1.10   1.1237       4.337       4.337   0.0792   0.0792
A Non-2,3,7,8-sub-HpCDD 38.803     532021 1.04   1.1237        12.6        12.6   0.0792     12.6
S Total HpCDD        17.0        17.0   0.0792   0.0792

D 13C-OCDD 41.324    5652656 0.90   0.6272       118.3       118.3   0.2291   0.2291  59.13
  OCDF 41.416      52396 0.90   1.5416       1.203       1.203   0.0628   0.0628
  OCDD 41.332    3012434 0.89   1.1855        89.9        89.9   0.1948   0.1948

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Lims ID: 320-56911-A-3-A          
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Sample Type: Client
Inject. Date: 13-Dec-2019 18:59:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-3-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:34:40 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: dadunj Date: 17-Dec-2019 09:34:39

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 19.521 19.502    1    3555128     555069    683   1707    813
333.9338 19.521 19.502    1    4375826     670429    270    675   2483  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 18.630 18.611    1  0.954    2732955     450171   1014   2535    444
317.9389 18.622 18.611    1  0.954    3506479     575233    500   1250   1150  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.665 18.637    2  1.002      95910      14470     78    195    186
305.8987 18.648 18.637    1  1.001     121682      17479    158    395    111  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 18.008 18.244  -14  0.967      37995       6088     78    195     78
305.8987 17.982 18.244  -16  0.965      51412       8016    158    395     51  0.74(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19.867 19.848    1  1.018    1887124     282569    683   1707    414
333.9338 19.867 19.848    1  1.018    2394674     361217    270    675   1338  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 19.893 19.874    1  1.001      21078       3201    179    447     18
321.8936 19.867 19.874    0  1.000      25651       3361     67    167     50  0.82(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19.893 19.882    1  1.019    4155370     609122    284    710   2145

A Non-2,3,7,8-sub-TCDD RQ

319.8965 17.956 19.035  -65  0.904      38634       6856    179    447     38
321.8936 17.964 19.035  -64  0.904      52025       8994     67    167    134  0.74(0.65-0.89)

319.8965 19.460 19.035   25  0.980      10985       1638    179    447      9
Empc Correction       7373       1358    179    447      8

321.8936 19.486 19.035   27  0.981       9576       1764     67    167     26  1.15(0.65-0.89)
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDF
351.9000 25.778 25.760    1  1.321    3385227     581042   1032   2580    563
353.8970 25.778 25.760    1  1.321    2185903     362943    532   1330    682  1.55(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 25.794 25.785    1  1.001       4855        860     28     70     31 M
341.8567 25.786 25.785    0  1.000       2777        560    106    265      5  1.75(1.32-1.78) M

13C-2,3,4,7,8-PeCDF
351.9000 27.195 27.177    1  1.393    3409187     537438   1032   2580    521
353.8970 27.195 27.177    1  1.393    2170897     342568    532   1330    644  1.57(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 27.202      28      70
341.8567 27.202     106     265

A F1 PeCDFs
339.8597 23.266       2       5
341.8567 23.266      56     140

A Non-2,3,7,8-sub-PeCDF
339.8597 26.724      28      70
341.8567 26.724     106     265

13C-1,2,3,7,8-PeCDD
367.8949 27.967 27.949    1  1.433    2081283     309991    276    690   1123
369.8919 27.958 27.949    1  1.432    1306940     190479    291    727    655  1.59(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 27.965     132     330
357.8516 27.965      41     102

A Non-2,3,7,8-sub-PeCDD

355.8546 25.459 26.851  -83  0.910      28451       5249    132    330     40
357.8516 25.451 26.851  -84  0.910      20121       3803     41    102     93  1.41(1.32-1.78)

355.8546 26.969 26.851    7  0.964      11933       1742    132    330     13
357.8516 26.977 26.851    8  0.965       7033       1102     41    102     27  1.70(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 33.723 33.714    1  0.945    1603853     276438    701   1752    394
385.8610 33.723 33.714    1  0.945    3080167     548970    850   2125    646  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF RQM
373.8208 33.732 33.739    0  1.000       3353        626     75    187      8

Empc Correction       2310        659     75    187      9
375.8178 33.740 33.739    0  1.000       1863        532     39     97     14  1.80(1.05-1.43) M

13C-1,2,3,6,7,8-HxCDF
383.8639 33.925 33.915    1  0.951    1788507     291693    701   1752    416
385.8610 33.925 33.915    1  0.951    3458138     565973    850   2125    666  0.52(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 33.932      75     187
375.8178 33.932      39      97

13C-2,3,4,6,7,8-HxCDF
383.8639 34.889 34.880    1  0.978    1608925     295302    701   1752    421
385.8610 34.889 34.880    1  0.978    3052669     562899    850   2125    662  0.53(0.43-0.59)
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,6,7,8-HxCDF
373.8208 34.905      75     187
375.8178 34.905      39      97

13C-1,2,3,7,8,9-HxCDF
383.8639 35.896 35.878    1  1.006    1519841     320379    701   1752    457
385.8610 35.887 35.878    1  1.006    2888068     611988    850   2125    720  0.53(0.43-0.59)

1,2,3,7,8,9-HxCDF RQM
373.8208 35.904 35.894    1  1.000       1730        600     75    187      8 M
375.8178 35.904 35.894    1  1.000       2183        693     39     97     18  0.79(1.05-1.43)

Empc Correction       1395        483     39     97     12

A Non-2,3,7,8-sub-HxCDF U
373.8208 33.751      75     187
375.8178 33.751      39      97

13C-1,2,3,7,8,9-HxCDD
401.8559 35.686 35.685    0    4287696     935051    578   1445   1618
403.8529 35.686 35.685    0    3332548     715691    532   1330   1345  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.141 35.131    1  0.985    2067704     462819    578   1445    801
403.8529 35.141 35.131    1  0.985    1644379     346768    532   1330    652  1.26(1.05-1.43)

1,2,3,4,7,8-HxCDD Ma
389.8158 35.174 35.148    2  1.001       3264        742    146    365      5 M
391.8127 35.174 35.148    2  1.001       3052        615    106    265      6  1.07(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.275 35.265    1  0.988    2279128     453428    578   1445    784
403.8529 35.275 35.265    1  0.988    1754295     346519    532   1330    651  1.30(1.05-1.43)

1,2,3,6,7,8-HxCDD RQMa
389.8158 35.317 35.282    2  1.001       4201        801    146    365      5 M
391.8127 35.308 35.282    2  1.001       4741        784    106    265      7  0.89(1.05-1.43)

Empc Correction       3387        645    106    265      6

1,2,3,7,8,9-HxCDD
389.8158 35.694 35.693    0  1.016      11224       1739    146    365     12
391.8127 35.703 35.693    1  1.016       8515       1401    106    265     13  1.32(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD

389.8158 32.901 34.284  -83  0.933     139203      19649    146    365    135
391.8127 32.885 34.284  -84  0.932     111298      16035    106    265    151  1.25(1.05-1.43)

389.8158 34.252 34.284   -2  0.971      25561       4008    146    365     27
391.8127 34.268 34.284   -1  0.971      21365       4167    106    265     39  1.20(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 37.872 37.877    0  1.061    1106233     261112    845   2112    309
419.8220 37.872 37.877    0  1.061    2498333     575296   1269   3172    453  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 37.905 37.886    1  1.001       7041       1523    165    412      9
409.7788 37.897 37.886    1  1.001       6425       1658     51    127     33  1.10(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.188 39.194    0  1.098    1207921     310920    845   2112    368
419.8220 39.188 39.194    0  1.098    2672967     683615   1269   3172    539  0.45(0.37-0.51)
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8,9-HpCDF
407.7817 39.202     165     412
409.7788 39.202      51     127

A Non-2,3,7,8-sub-HpCDF M

407.7817 38.282 38.556  -16  1.011      14618       3550    165    412     22 M
409.7788 38.274 38.556  -17  1.011      14137       3494     51    127     69  1.03(0.88-1.20) M

13C-1,2,3,4,6,7,8-HpCDD
435.8169 38.886 38.892    0  1.090    1931554     468464    397    992   1180
437.8140 38.878 38.892   -1  1.089    1813010     437968    434   1085   1009  1.07(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 38.895 38.901    0  1.000      95767      22240    179    447    124
425.7737 38.895 38.901    0  1.000      86717      20293    144    360    141  1.10(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 38.224 38.803  -35  0.983     271380      64554    179    447    361
425.7737 38.224 38.803  -35  0.983     260641      61470    144    360    427  1.04(0.88-1.20)

13C-OCDD
469.7780 41.324 41.345   -1  1.158    2680900     474586    485   1212    979
471.7750 41.324 41.345   -1  1.158    2971756     548803    464   1160   1183  0.90(0.76-1.02)

OCDF
441.7428 41.416 41.413    0  1.002      24865       5342     55    137     97
443.7399 41.408 41.413    0  1.002      27531       5994    143    357     42  0.90(0.76-1.02)

OCDD
457.7377 41.332 41.345   -1  1.000    1417278     259550    237    592   1095
459.7348 41.332 41.345   -1  1.000    1595156     295698    236    590   1253  0.89(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Lims ID: 320-56911-A-3-A
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Inject. Date: 13-Dec-2019 18:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDF, RT: 18.244

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.233 D 13C-2,3,7,8-TCDF                        100.000         6239434         1025404
Averages:

RRFn Qis Ris Area Ris Height
  1.233        100.000         6239434         1025404

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

18.008             37995              6088             51412              8016        1.16 0.74
Signal Totals:

            37995              6088             51412              8016
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            89407             14104 0.74

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.162 = (89407 * 100.000) / (6239434 * 1.233)
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Lims ID: 320-56911-A-3-A
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Inject. Date: 13-Dec-2019 18:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDD, RT: 19.035

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.199 D 13C-2,3,7,8-TCDD                        100.000         4281798          643786
Averages:

RRFn Qis Ris Area Ris Height
  1.199        100.000         4281798          643786

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

17.956             38634              6856             52025              8994        1.77 0.74
19.460             10985              1638              9576              1764      0.4006 1.15 RQ
19.460              7373              1358              9576              1764      0.3302 Empc Correction
Signal Totals:

            46007              8214             61601             10758
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           111220             19252 0.81 RQ
           107608             18972 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.167 = (111220 * 100.000) / (4281798 * 1.199)
Empc Amount:          2.096 = (107608 * 100.000) / (4281798 * 1.199)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Lims ID: 320-56911-A-3-A
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Inject. Date: 13-Dec-2019 18:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 9

Non-2,3,7,8-sub-PeCDD, RT: 26.851

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.120 D 13C-1,2,3,7,8-PeCDD                     100.000         3388223          500470
Averages:

RRFn Qis Ris Area Ris Height
  1.120        100.000         3388223          500470

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

25.459             28451              5249             20121              3803        1.28 1.41
26.969             11933              1742              7033              1102      0.4998 1.70
Signal Totals:

            40384              6991             27154              4905
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            67538             11896 1.49

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.780 = (67538 * 100.000) / (3388223 * 1.120)
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Lims ID: 320-56911-A-3-A
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Inject. Date: 13-Dec-2019 18:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDF, RT: 33.751

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.302 D 13C-1,2,3,4,7,8-HxCDF                   100.000         4684020          825408
  1,2,3,6,7,8-HxCDF                  1.291 D 13C-1,2,3,6,7,8-HxCDF                   100.000         5246645          857666
  2,3,4,6,7,8-HxCDF                  1.304 D 13C-2,3,4,6,7,8-HxCDF                   100.000         4661594          858201
  1,2,3,7,8,9-HxCDF                  1.333 D 13C-1,2,3,7,8,9-HxCDF                   100.000         4407909          932367
Averages:

RRFn Qis Ris Area Ris Height
  1.307        100.000         4750042          868410

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

Compound is Marked ND
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Lims ID: 320-56911-A-3-A
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Inject. Date: 13-Dec-2019 18:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDD, RT: 34.284

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.172 D 13C-1,2,3,4,7,8-HxCDD                   100.000         3712083          809587
  1,2,3,6,7,8-HxCDD                  1.126 D 13C-1,2,3,6,7,8-HxCDD                   100.000         4033423          799947
  1,2,3,7,8,9-HxCDD                  1.233
Averages:

RRFn Qis Ris Area Ris Height
  1.177        100.000         3872753          804767

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

32.901            139203             19649            111298             16035        5.50 1.25
34.252             25561              4008             21365              4167        1.03 1.20
Signal Totals:

           164764             23657            132663             20202
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           297427             43859 1.24

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          6.525 = (297427 * 100.000) / (3872753 * 1.177)
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Lims ID: 320-56911-A-3-A
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Inject. Date: 13-Dec-2019 18:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDF, RT: 38.556

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.618 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000         3604566          836408
  1,2,3,4,7,8,9-HpCDF                1.467 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000         3880888          994535
Averages:

RRFn Qis Ris Area Ris Height
  1.542        100.000         3742727          915471

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

38.282             14618              3550             14137              3494      0.4981 1.03 M
Signal Totals:

            14618              3550             14137              3494
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            28755              7044 1.03 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.4981 = (28755 * 100.000) / (3742727 * 1.542)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Lims ID: 320-56911-A-3-A
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Inject. Date: 13-Dec-2019 18:59:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDD, RT: 38.803

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.124 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000         3744564          906432
Averages:

RRFn Qis Ris Area Ris Height
  1.124        100.000         3744564          906432

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

38.224            271380             64554            260641             61470        12.6 1.04
Signal Totals:

           271380             64554            260641             61470
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           532021            126024 1.04

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         12.644 = (532021 * 100.000) / (3744564 * 1.124)
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2(22.22 :29.20 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  25.79
Area: 2912
Amount:    0.124015
Amount Units: pg/ul
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Manual Integration Results
RT:  25.79
Area: 2777
Amount:    0.117197
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:31:48
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2(22.22 :29.20 )

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  25.79
Area: 5164
Amount:    0.124015
Amount Units: pg/ul
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Manual Integration Results
RT:  25.79
Area: 4855
Amount:    0.117197
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:31:52
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  33.74
Area: 3016
Amount:    0.104423
Amount Units: pg/ul
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Manual Integration Results
RT:  33.74
Area: 1863
Amount:    0.085519
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:32:16
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:34:51 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
RT:  35.90
Area: 1107
Amount:    0.055999
Amount Units: pg/ul
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Manual Integration Results
RT:  35.90
Area: 1730
Amount:    0.066603
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:32:33
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:34:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  35.31
Area: 7793
Amount:    0.275574
Amount Units: pg/ul
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Manual Integration Results
RT:  35.17
Area: 3052
Amount:    0.145116
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:32:54
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:34:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 3

Processing Integration Results
RT:  35.32
Area: 11994
Amount:    0.275574
Amount Units: pg/ul
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Manual Integration Results
RT:  35.17
Area: 6316
Amount:    0.145116
Amount Units: pg/ul
Reviewer: dadunj, 17-Dec-2019 09:32:54
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:34:52 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  35.32
Area: 4201
Amount:    0.275574
Amount Units: pg/ul
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Manual Integration Results
RT:  35.17
Area: 3264
Amount:    0.145116
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:32:55
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 09:34:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  35.31
Area: 7793
Amount:    0.264186
Amount Units: pg/ul
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Manual Integration Results
RT:  35.31
Area: 4741
Amount:    0.196961
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:32:59
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:34:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  35.32
Area: 11994
Amount:    0.264186
Amount Units: pg/ul
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Manual Integration Results
RT:  35.32
Area: 8942
Amount:    0.196961
Amount Units: pg/ul
Reviewer: dadunj, 17-Dec-2019 09:32:59
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:34:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  35.32
Area: 4201
Amount:    0.264186
Amount Units: pg/ul
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Manual Integration Results
RT:  35.32
Area: 4201
Amount:    0.196961
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:33:01
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 09:34:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4(34.11 :36.51 )

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7817, RT: ( 37.87- 39.24)
Signal: 1

Processing Integration Results
RT = 38.282 Area = 15557
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Manual Integration Results
RT = 38.282 Area = 14618 M
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Reviewer: dadunj, 17-Dec-2019 09:33:13
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:34:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-3-A          Lab Sample ID: 320-56911-3              
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4(34.11 :36.51 )

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7788, RT: ( 37.87- 39.24)
Signal: 2

Processing Integration Results
RT = 38.274 Area = 14742
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Manual Integration Results
RT = 38.274 Area = 14137 M
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Reviewer: dadunj, 17-Dec-2019 09:33:15
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:34:53 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          18.66

21.7119.3716.3315.53

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          18.65

16.35

TCDF Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          18.63

19.05

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          18.62
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          18.66

21.7119.3716.3315.53

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          18.65

16.35

TCDF Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

-1

4

9

14

19

24

29

34

39

44

49

54

Y
 ( 

X
10

)

F1:m/z     375.8364:SG5Pt_x1

15.05

21.4419.29

15.09 16.66 20.39
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

0)

F1:m/z     319.8965:SG5Pt_x1
Non-2,3,7,8-sub-TCDD
          17.96

2,3,7,8-TCDD
          19.89

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
)

F1:m/z     321.8936:SG5Pt_x1
Non-2,3,7,8-sub-TCDD
          17.96

2,3,7,8-TCDD
          19.87

17.08 18.43 21.8320.5416.01

TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          19.52

13C-2,3,7,8-TCDD
          19.87

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1
13C-1,2,3,4-TCDD
          19.52

13C-2,3,7,8-TCDD
          19.87

20.3020.49
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Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
0)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          19.89

15.74 17.82

37Cl4-TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          19.52

13C-2,3,7,8-TCDD
          19.87

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1

13C-1,2,3,4-TCDD
          19.52

13C-2,3,7,8-TCDD
          19.87

20.3020.49
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

3

5

7

9

11

13

15

17

19

21

23

25

27

29

31

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

22.38

22.46
17.13

17.25

22.94 24.15

23.4119.32
18.1614.30 15.66 16.41

19.96 20.20

21.32

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

4

7

10

13

16

19

22

25

28

31

34

37

40

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1
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Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

4

7

10

13

16

19

22

25

28

31

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

22.38

22.46
17.1317.25

22.94 24.15
23.4119.32

18.1614.30 15.66 16.41 19.96 20.20
21.32

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

5

9

13

17

21

25

29

33

37

41

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

18

21

24

27

30

33

36

39

42

Y

F1:m/z     409.7974:SG5Pt_x1
22.19

20.4618.66

21.39

23.9815.87
20.68

18.0316.91
14.48

19.27
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

2

4

6

8

10

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          25.79

24.43 27.24

27.52
25.32 29.3426.09

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

2

13

24

35

46

57

68

79

Y
 ( 

X
10

)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.79

PeCDF Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.78

26.34

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.78

26.32 27.55
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.79

24.43
27.24

27.52
25.32 29.3426.09

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

2

10

18

26

34

42

50

58

66

74

82

Y
 ( 

X
10

)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.79

PeCDF Interference Mass

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

1

3

5

7

9

11

13

Y
 ( 

X
10

)

F2:m/z     409.7974:SG5Pt_x1

28.80

27.96

26.34

29.2925.79
28.43

24.56
28.8427.25 30.40

26.7225.38
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Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

0)

F2:m/z     355.8546:SG5Pt_x1
Non-2,3,7,8-sub-PeCDD
          25.46

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

0)

F2:m/z     357.8516:SG5Pt_x1
Non-2,3,7,8-sub-PeCDD
          25.45

PeCDD Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.97

25.93

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.96

25.92
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

2

13

24

35

46

57

68

79

90

Y
 ( 

X
10

)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          33.73

1,2,3,7,8,9-HxCDF
          35.90

Non-2,3,7,8-sub-HxCDF
          33.9331.44

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

1

13

25

37

49

61

73

85

Y
 ( 

X
10

)

F3:m/z     375.8178:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          35.90

32.97
1,2,3,4,7,8-HxCDF
          33.74

34.79

34.91

HxCDF Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.9013C-1,2,3,6,7,8-HxCDF

          33.92

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.8913C-1,2,3,6,7,8-HxCDF

          33.92
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

2

10

18

26

34

42

50

58

66

74

82

90

Y
 ( 

X
10

)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          33.73 1,2,3,7,8,9-HxCDF

          35.90

Non-2,3,7,8-sub-HxCDF
          33.9331.44

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

1

9

17

25

33

41

49

57

65

73

81

89

Y
 ( 

X
10

)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          35.90

32.97
1,2,3,4,7,8-HxCDF
          33.74

34.79

34.91

HxCDF Interference Mass

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

-1

4

9

14

19

24

29

34

39

44

49

Y
 ( 

X
10

)

F3:m/z     445.7555:SG5Pt_x1

33.42

34.81

36.47

33.46 34.0732.20 37.15
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F3:m/z     389.8158:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.90

Non-2,3,7,8-sub-HxCDD
          34.25

36.10

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.88

36.09
Non-2,3,7,8-sub-HxCDD
          34.27

HxCDD Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.69

36.05

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.69
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Report Date: 17-Dec-2019 09:34:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

0)

F4:m/z     407.7817:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.28

1,2,3,4,6,7,8-HpCDF
          37.91

38.43

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

0)

F4:m/z     409.7788:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.27

1,2,3,4,6,7,8-HpCDF
          37.90

37.78 38.43

HpCDF Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.19

13C-1,2,3,4,6,7,8-HpCDF
          37.87

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.19

13C-1,2,3,4,6,7,8-HpCDF
          37.87
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Report Date: 17-Dec-2019 09:34:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

0)

F4:m/z     407.7817:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.28

1,2,3,4,6,7,8-HpCDF
          37.91

38.43

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

0)

F4:m/z     409.7788:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.27

1,2,3,4,6,7,8-HpCDF
          37.90

37.78 38.43

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

1

9

17

25

33

41

49

57

65

73

81

89

Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 17-Dec-2019 09:34:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
)

F4:m/z     423.7767:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.22

1,2,3,4,6,7,8-HpCDD
          38.89

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.22

1,2,3,4,6,7,8-HpCDD
          38.89

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.89

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.88
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Report Date: 17-Dec-2019 09:34:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.42

44.54

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.41

OCDF Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.32

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.32
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Report Date: 17-Dec-2019 09:34:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.42

44.54

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.41

OCDF Interference Mass

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

4

9

14

19

24

29

34

39

44

49

54

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1

40.95

Page 404 of 1734



Report Date: 17-Dec-2019 09:34:56 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.33

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.33

OCDD Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.32

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.32
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Report Date: 17-Dec-2019 09:34:58 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1

Page 406 of 1734



Report Date: 17-Dec-2019 09:34:58 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_10.d
Injection Date: 13-Dec-2019 18:59:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345338 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (2-4) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-3 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_004.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/16/2019  21:18

Low2(uL)

20(uL)

% Moisture: 46.4

Sample wt/vol: 10.02(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.9 1.551207-31-9 2,3,7,8-TCDF 15

%RECCAS NO. LIMITSQISOTOPE DILUTION

58 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

102 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:38:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_004.d
Lims ID: 320-56911-A-3-A          
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Sample Type: Client
Inject. Date: 16-Dec-2019 21:18:25 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-3-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:32:50

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.378   19499611 0.79  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.585   15150165 0.79   1.3379        58.1        58.1    1.238    1.238  58.07
  2,3,7,8-TCDF 16.585     523388 0.85   0.8389       4.118       4.118   0.3921   0.3921
D 13C-2,3,7,8-TCDD 15.131    9919616 0.80   0.9388        54.2        54.2    1.311    1.311  54.19
  2,3,7,8-TCDD 15.149   0.4556   0.4556
$ 37Cl4-2,3,7,8-TCDD 15.159    9363771   1.1816        40.6        40.6   0.3070   0.3070    102

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 17-Dec-2019 09:38:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_004.d
Lims ID: 320-56911-A-3-A          
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Sample Type: Client
Inject. Date: 16-Dec-2019 21:18:25 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-3-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:32:50

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.378 15.383    0    8599087    1654247  12542  31355    132
333.9339 15.392 15.383    1   10900524    2278072   6814  17035    334  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.585 16.576    1  1.079    6703240    1200675  15872  39680     76
317.9389 16.585 16.576    1  1.079    8446925    1523408  10172  25430    150  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.585 16.590    0  1.000     240975      40057   1424   3560     28
305.8987 16.599 16.590    1  1.001     282413      58979   2160   5400     27  0.85(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.131 15.122    1  0.984    4403359     913883  12542  31355     73
333.9339 15.131 15.122    1  0.984    5516257    1218811   6814  17035    179  0.80(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.149    3065    7662
321.8936 15.149    1419    3547

37Cl4-2,3,7,8-TCDD
327.8840 15.159 15.149    1  0.986    9363771    1930743   5706  14265    338

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 17-Dec-2019 09:38:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_004.d
Injection Date: 16-Dec-2019 21:18:25 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345960 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          16.59

15.10

19.21

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          16.60

15.13

16.83

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          16.59

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1

13C-2,3,7,8-TCDF
          16.59

12.03
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Report Date: 17-Dec-2019 09:38:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_004.d
Injection Date: 16-Dec-2019 21:18:25 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345960 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 17-Dec-2019 09:38:23 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_004.d
Injection Date: 16-Dec-2019 21:18:25 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345960 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 17-Dec-2019 09:38:23 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_004.d
Injection Date: 16-Dec-2019 21:18:25 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (2-4)
Worklist#: 345960 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (4-6)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-4

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_11.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  19:47

Low1(uL)

20(uL)

% Moisture: 42.8

Sample wt/vol: 10.09(g)

N

Analysis Batch No.: 345338 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.7 0.321746-01-6 2,3,7,8-TCDD 12

8.7 0.2940321-76-4 1,2,3,7,8-PeCDD ND

8.7 0.15J57117-41-6 1,2,3,7,8-PeCDF 1.2

8.7 0.1757117-31-4 2,3,4,7,8-PeCDF ND

8.7 0.28J39227-28-6 1,2,3,4,7,8-HxCDD 0.81

8.7 0.29J B57653-85-7 1,2,3,6,7,8-HxCDD 1.3

8.7 0.27J19408-74-3 1,2,3,7,8,9-HxCDD 2.5

8.7 0.15J70648-26-9 1,2,3,4,7,8-HxCDF 1.7

8.7 0.14J57117-44-9 1,2,3,6,7,8-HxCDF 0.74

8.7 0.1272918-21-9 1,2,3,7,8,9-HxCDF ND

8.7 0.1460851-34-5 2,3,4,6,7,8-HxCDF ND

8.7 0.50B35822-46-9 1,2,3,4,6,7,8-HpCDD 45

8.7 0.17J67562-39-4 1,2,3,4,6,7,8-HpCDF 3.9

8.7 0.15J55673-89-7 1,2,3,4,7,8,9-HpCDF 0.65

17 1.4B3268-87-9 OCDD 1100

17 0.22B39001-02-0 OCDF 35

1.7 0.32q41903-57-5 Total TCDD 17

1.7 0.28q30402-14-3 Total TCDF 53

8.7 0.29q36088-22-9 Total PeCDD 10

8.7 0.16J q30402-15-4 Total PeCDF 3.3

8.7 0.28B34465-46-8 Total HxCDD 46

8.7 0.14J55684-94-1 Total HxCDF 5.5

8.7 0.50B37871-00-4 Total HpCDD 160

8.7 0.16q B38998-75-3 Total HpCDF 11

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (4-6)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-4

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_11.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  19:47

Low1(uL)

20(uL)

% Moisture: 42.8

Sample wt/vol: 10.09(g)

N

Analysis Batch No.: 345338 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

59 25-16476523-40-5 13C-2,3,7,8-TCDD

53 24-16989059-46-1 13C-2,3,7,8-TCDF

57 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

57 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

59 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

65 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

63 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

58 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

56 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

52 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

51 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

60 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

53 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

61 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

66 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

97 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A          
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Sample Type: Client
Inject. Date: 13-Dec-2019 19:47:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-4-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:40:11 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: messecara Date: 14-Dec-2019 01:08:39

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 19.539    7471136 0.82  5.2E+04       100.0       100.0  a

D 13C-2,3,7,8-TCDF 18.649    6414004 0.77   1.6096        53.3        53.3   0.2081   0.2081  53.34
  2,3,7,8-TCDF 18.684     729485 0.80   1.2332       9.222       9.222   0.0815   0.0815
A Non-2,3,7,8-sub-TCDF 18.244     485807 0.77   1.2332       6.180       6.142   0.0815    3.948  RQ
S Total TCDF        15.4        15.4   0.0815   0.0815  RQ

D 13C-2,3,7,8-TCDD 19.885    4365199 0.84   0.9984        58.5        58.5   0.2036   0.2036  58.52
  2,3,7,8-TCDD 19.928     183459 0.79   1.1988       3.506       3.506   0.0931   0.0931  M
$ 37Cl4-2,3,7,8-TCDD 19.920    4226309   1.4510        39.0        39.0   0.0433   0.0433  97.47

A Non-2,3,7,8-sub-TCDD 19.035      78752 0.77   1.1988       1.530       1.505   0.0931    1.358  RQ
S Total TCDD       5.035       5.011   0.0931   0.0931  RQ

D 13C-1,2,3,7,8-PeCDF 25.796    5793701 1.58   1.3678        56.7        56.7   0.2252   0.2252  56.70
  1,2,3,7,8-PeCDF 25.821      24387 1.70   1.1689      0.3601      0.3601   0.0437   0.0437
D 13C-2,3,4,7,8-PeCDF 27.222    5791966 1.58   1.3045        59.4        59.4   0.2361   0.2361  59.43
  2,3,4,7,8-PeCDF 27.205   0.0476   0.0476
A F1 PeCDFs 23.266      10060 1.55   1.1775      0.1598      0.1475   0.0142   0.1475  RQ
A Non-2,3,7,8-sub-PeCDF 26.724      30565 1.55   1.1775      0.4886      0.4481   0.0455   0.3297  RQM
S Total PeCDF       1.009      0.9557   0.0457   0.0457  RQ

D 13C-1,2,3,7,8-PeCDD 27.976    3505665 1.58   0.8292        56.6        56.6   0.1109   0.1109  56.59
  1,2,3,7,8-PeCDD 27.965   0.0837   0.0837
A Non-2,3,7,8-sub-PeCDD 26.851     115209 1.55   1.1200       2.994       2.934   0.0837    1.465  RQM
S Total PeCDD       2.994       2.934   0.0837   0.0837  RQ

D 13C-1,2,3,4,7,8-HxCDF 33.749    4860506 0.53   1.1700        57.8        57.8   0.2153   0.2153  57.80
  1,2,3,4,7,8-HxCDF 33.782      31042 1.35   1.3021      0.4905      0.4905   0.0419   0.0419  M
D 13C-1,2,3,6,7,8-HxCDF 33.941    5330941 0.52   1.3168        56.3        56.3   0.1913   0.1913  56.33
  1,2,3,6,7,8-HxCDF 33.933      14654 1.08   1.2907      0.2130      0.2130   0.0396   0.0396  Ma
D 13C-2,3,4,6,7,8-HxCDF 34.914    4708960 0.54   1.2873        50.9        50.9   0.1957   0.1957  50.90
  2,3,4,6,7,8-HxCDF 34.772   0.0401   0.0401  RQU
D 13C-1,2,3,7,8,9-HxCDF 35.912    4496491 0.53   1.1987        52.2        52.2   0.2102   0.2102  52.19
  1,2,3,7,8,9-HxCDF 35.889   0.0346   0.0346
A Non-2,3,7,8-sub-HxCDF 33.751      56108 1.25   1.3074      0.8850      0.8850   0.0389   0.4573  Ma
S Total HxCDF       1.588       1.588   0.0390   0.0390
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Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 35.711    7186927 1.28  5.8E+04       100.0       100.0  a

D 13C-1,2,3,4,7,8-HxCDD 35.157    3900941 1.29   0.8364        64.9        64.9   0.1967   0.1967  64.90
  1,2,3,4,7,8-HxCDD 35.183      10638 1.13   1.1725      0.2326      0.2326   0.0804   0.0804
D 13C-1,2,3,6,7,8-HxCDD 35.292    4121636 1.29   0.9040        63.4        63.4   0.1820   0.1820  63.44
  1,2,3,6,7,8-HxCDD 35.325      18047 1.27   1.1256      0.3890      0.3890   0.0846   0.0846
  1,2,3,7,8,9-HxCDD 35.711      35942 1.33   1.2327      0.7269      0.7269   0.0768   0.0768
A Non-2,3,7,8-sub-HxCDD 34.284     561621 1.21   1.1769        11.9        11.9   0.0805    9.400  Ma
S Total HxCDD        13.2        13.2   0.0806   0.0806

D 13C-1,2,3,4,6,7,8-HpCDF 37.894    3724779 0.45   0.9689        53.5        53.5   0.3196   0.3196  53.49
  1,2,3,4,6,7,8-HpCDF 37.911      68391 1.04   1.6176       1.135       1.135   0.0490   0.0490
D 13C-1,2,3,4,7,8,9-HpCDF 39.211    4014739 0.46   0.9231        60.5        60.5   0.3354   0.3354  60.52
  1,2,3,4,7,8,9-HpCDF 39.219      11100 1.00   1.4672      0.1884      0.1884   0.0441   0.0441
A Non-2,3,7,8-sub-HpCDF 38.556     108296 1.04   1.5424       1.824       1.814   0.0462    1.713  RQM
S Total HpCDF       3.148       3.138   0.0465   0.0465  RQ

D 13C-1,2,3,4,6,7,8-HpCDD 38.900    3933775 1.07   0.9114        60.1        60.1   0.1609   0.1609  60.06
  1,2,3,4,6,7,8-HpCDD 38.917     572186 1.03   1.1237        12.9        12.9   0.1431   0.1431
A Non-2,3,7,8-sub-HpCDD 38.803    1413895 1.06   1.1237        32.0        32.0   0.1431     32.0
S Total HpCDD        44.9        44.9   0.1431   0.1431

D 13C-OCDD 41.346    5991021 0.93   0.6272       132.9       132.9   0.1990   0.1990  66.45
  OCDF 41.422     464453 0.91   1.5416        10.1        10.1   0.0629   0.0629
  OCDD 41.355   11179736 0.89   1.1855       314.8       314.8   0.4175   0.4175

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A          
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Sample Type: Client
Inject. Date: 13-Dec-2019 19:47:00 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-4-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:40:11 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: messecara Date: 14-Dec-2019 01:08:39

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD a
331.9368 19.539 19.502    2    3369679     531545    750   1875    709 a
333.9338 19.539 19.502    2    4101457     654097    214    535   3057  0.82(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 18.649 18.611    2  0.954    2797593     437836   1071   2677    409
317.9389 18.649 18.611    2  0.954    3616411     582410    518   1295   1124  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.684 18.637    3  1.002     324198      47140    141    352    334
305.8987 18.666 18.637    2  1.001     405287      61660    269    672    229  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQ

303.9016 15.925 18.244 -139  0.854       6152       1085    141    352      8
Empc Correction       5277       1391    141    352     10

305.8987 15.925 18.244 -139  0.854       6854       1807    269    672      7  0.90(0.65-0.89)

303.9016 16.799 18.244  -87  0.901      17105       2841    141    352     20
305.8987 16.816 18.244  -86  0.902      23282       3208    269    672     12  0.73(0.65-0.89)

303.9016 17.534 18.244  -43  0.940      15090       2044    141    352     14
Empc Correction      12941       2113    141    352     15

305.8987 17.534 18.244  -43  0.940      16807       2745    269    672     10  0.90(0.65-0.89)

303.9016 18.018 18.244  -14  0.966     137024      21482    141    352    152
305.8987 18.009 18.244  -14  0.966     175225      30488    269    672    113  0.78(0.65-0.89)

303.9016 19.401 18.244   69  1.040      21144       3187    141    352     23
305.8987 19.418 18.244   70  1.041      26615       4355    269    672     16  0.79(0.65-0.89)

303.9016 21.762 18.244  211  1.167      18844       2680    141    352     19
305.8987 21.727 18.244  209  1.165      24689       3334    269    672     12  0.76(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19.885 19.848    2  1.018    1996976     300640    750   1875    401
333.9338 19.885 19.848    2  1.018    2368223     357915    214    535   1673  0.84(0.65-0.89)
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Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD M
319.8965 19.928 19.874    3  1.002      80995      12498    210    525     60 M
321.8936 19.911 19.874    2  1.001     102464      16065     84    210    191  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19.920 19.882    2  1.019    4226309     635938    298    745   2134

A Non-2,3,7,8-sub-TCDD RQ

319.8965 16.686 19.035 -141  0.839       3341        804    210    525      4
321.8936 16.721 19.035 -139  0.841       5634       1335     84    210     16  0.59(0.65-0.89)

Empc Correction       4338       1044     84    210     12

319.8965 17.983 19.035  -63  0.904      31204       5855    210    525     28
321.8936 17.974 19.035  -64  0.904      39869       6702     84    210     80  0.78(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 25.796 25.760    2  1.320    3547114     598396    878   2195    682
353.8970 25.796 25.760    2  1.320    2246587     390452    583   1457    670  1.58(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 25.821 25.785    2  1.001      15366       2883     71    177     41
341.8567 25.804 25.785    1  1.000       9021       1542    131    327     12  1.70(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 27.222 27.177    3  1.393    3549245     547766    878   2195    624
353.8970 27.213 27.177    2  1.393    2242721     346468    583   1457    594  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 27.202      71     177
341.8567 27.202     131     327

A F1 PeCDFs RQ

339.8597 22.393 23.266  -52  0.868       6115        903      4     10    226
341.8567 22.401 23.266  -52  0.868       4788        763     59    147     13  1.28(1.32-1.78)

Empc Correction       3945        582     59    147     10

A Non-2,3,7,8-sub-PeCDF RQM

339.8597 24.437 26.724 -137  0.947      16436       2352     71    177     33 M
Empc Correction      13670       2005     71    177     28

341.8567 24.454 26.724 -136  0.948       8820       1294    131    327     10  1.86(1.32-1.78) M

339.8597 27.557 26.724   50  1.068       5070        742     71    177     10
341.8567 27.498 26.724   46  1.066       3005        446    131    327      3  1.69(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 27.976 27.949    2  1.432    2149228     340223    315    787   1080
369.8919 27.976 27.949    2  1.432    1356437     211542    121    302   1748  1.58(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 27.965     145     362
357.8516 27.965      62     155

A Non-2,3,7,8-sub-PeCDD RQM

355.8546 24.706 26.851 -128  0.883      16768       2868    145    362     20
357.8516 24.697 26.851 -129  0.883      13174       1952     62    155     31  1.27(1.32-1.78)

Empc Correction      10818       1850     62    155     30

355.8546 25.460 26.851  -83  0.910      34378       5824    145    362     40
357.8516 25.460 26.851  -83  0.910      23154       4405     62    155     71  1.48(1.32-1.78)
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Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

355.8546 26.987 26.851    8  0.965      18279       2529    145    362     17 M
357.8516 27.029 26.851   11  0.966      11812       1562     62    155     25  1.55(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 33.749 33.714    2  0.945    1688189     293759    671   1677    438
385.8610 33.749 33.714    2  0.945    3172317     540538    879   2197    615  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF M
373.8208 33.782 33.739    3  1.001      17844       3165    108    270     29
375.8178 33.774 33.739    2  1.001      13198       2334     74    185     32  1.35(1.05-1.43) M

13C-1,2,3,6,7,8-HxCDF
383.8639 33.941 33.915    2  0.950    1831859     302412    671   1677    451
385.8610 33.941 33.915    2  0.950    3499082     588810    879   2197    670  0.52(0.43-0.59)

1,2,3,6,7,8-HxCDF Ma
373.8208 33.933 33.932    0  1.000       7617       1377    108    270     13 M
375.8178 33.958 33.932    2  1.000       7037       1137     74    185     15  1.08(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 34.914 34.880    2  0.978    1655447     300166    671   1677    447
385.8610 34.906 34.880    2  0.977    3053513     569974    879   2197    648  0.54(0.43-0.59)

2,3,4,6,7,8-HxCDF RQU
373.8208 34.905     108     270
375.8178 34.905      74     185

13C-1,2,3,7,8,9-HxCDF
383.8639 35.912 35.878    2  1.006    1557413     343019    671   1677    511
385.8610 35.912 35.878    2  1.006    2939078     642518    879   2197    731  0.53(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 35.894     108     270
375.8178 35.894      74     185

A Non-2,3,7,8-sub-HxCDF Ma

373.8208 31.870 33.751 -113  0.944      15723       1886    108    270     17
375.8178 31.820 33.751 -116  0.943      13272       1472     74    185     20  1.18(1.05-1.43)

373.8208 32.986 33.751  -46  0.977      15473       2156    108    270     20 M
375.8178 32.960 33.751  -47  0.977      11640       1617     74    185     22  1.33(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD a
401.8559 35.711 35.685    2    4028644     863515    549   1372   1573 a
403.8529 35.703 35.685    1    3158283     674541    463   1157   1457  1.28(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.157 35.131    2  0.985    2194276     482844    549   1372    879
403.8529 35.166 35.131    2  0.985    1706665     360821    463   1157    779  1.29(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.183 35.148    2  1.001       5655       1132    181    452      6
391.8127 35.183 35.148    2  1.001       4983       1259    137    342      9  1.13(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.292 35.265    2  0.988    2318638     471857    549   1372    859
403.8529 35.300 35.265    2  0.988    1802998     363404    463   1157    785  1.29(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 35.325 35.282    3  1.001      10099       2215    181    452     12
391.8127 35.317 35.282    2  1.001       7948       1634    137    342     12  1.27(1.05-1.43)
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Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8,9-HxCDD
389.8158 35.711 35.693    1  1.016      20509       3623    181    452     20
391.8127 35.711 35.693    1  1.016      15433       2482    137    342     18  1.33(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD Ma

389.8158 32.902 34.284  -83  0.932     244480      36079    181    452    199
391.8127 32.919 34.284  -82  0.933     199307      28607    137    342    209  1.23(1.05-1.43)

389.8158 34.294 34.284    1  0.972      62443      11290    181    452     62 M
391.8127 34.285 34.284    0  0.971      55391       9364    137    342     68  1.13(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 37.894 37.877    1  1.061    1160105     274423    741   1852    370
419.8220 37.894 37.877    1  1.061    2564674     617898   1164   2910    531  0.45(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 37.911 37.886    2  1.000      34936       8214    191    477     43
409.7788 37.903 37.886    1  1.000      33455       8133     92    230     88  1.04(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.211 39.194    1  1.098    1267067     340670    741   1852    460
419.8220 39.211 39.194    1  1.098    2747672     752401   1164   2910    646  0.46(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.219 39.202    1  1.000       5563       1610    191    477      8
409.7788 39.219 39.202    1  1.000       5537       1548     92    230     17  1.00(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF RQM

407.7817 38.146 38.556  -25  1.007       3692       1048    191    477      5
Empc Correction       3092        952    191    477      5

409.7788 38.146 38.556  -25  1.007       2974        916     92    230     10  1.24(0.88-1.20)

407.7817 38.297 38.556  -16  1.011      52482      14361    191    477     75
409.7788 38.288 38.556  -16  1.010      49748      13919     92    230    151  1.05(0.88-1.20) M

13C-1,2,3,4,6,7,8-HpCDD
435.8169 38.900 38.892    0  1.089    2030984     515002    398    995   1294
437.8140 38.900 38.892    0  1.089    1902791     487824    504   1260    968  1.07(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 38.917 38.901    1  1.000     290059      76193    342    855    223
425.7737 38.917 38.901    1  1.000     282127      73410    303    757    242  1.03(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 38.238 38.803  -34  0.983     728015     184159    342    855    538
425.7737 38.238 38.803  -34  0.983     685880     174517    303    757    576  1.06(0.88-1.20)

13C-OCDD
469.7780 41.346 41.345    0  1.158    2886294     554615    356    890   1558
471.7750 41.338 41.345    0  1.158    3104727     610060    412   1030   1481  0.93(0.76-1.02)

OCDF
441.7428 41.422 41.413    1  1.002     220835      50924     70    175    727
443.7399 41.422 41.413    1  1.002     243618      56879    156    390    365  0.91(0.76-1.02)

OCDD
457.7377 41.355 41.345    1  1.000    5264375    1035126    565   1412   1832
459.7348 41.355 41.345    1  1.000    5915361    1159610    588   1470   1972  0.89(0.76-1.02)
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QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID

Page 423 of 1734



Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Inject. Date: 13-Dec-2019 19:47:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDF, RT: 18.244

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.233 D 13C-2,3,7,8-TCDF                        100.000         6414004         1020246
Averages:

RRFn Qis Ris Area Ris Height
  1.233        100.000         6414004         1020246

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.925              6152              1085              6854              1807      0.1644 0.90 RQ
15.925              5277              1391              6854              1807      0.1534 Empc Correction
16.799             17105              2841             23282              3208      0.5106 0.73
17.534             15090              2044             16807              2745      0.4033 0.90 RQ
17.534             12941              2113             16807              2745      0.3761 Empc Correction
18.018            137024             21482            175225             30488        3.95 0.78
19.401             21144              3187             26615              4355      0.6038 0.79
21.762             18844              2680             24689              3334      0.5504 0.76
Signal Totals:

           212335             33694            273472             45937
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           488831             79256 0.79 RQ
           485807             79631 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          6.180 = (488831 * 100.000) / (6414004 * 1.233)
Empc Amount:          6.142 = (485807 * 100.000) / (6414004 * 1.233)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Inject. Date: 13-Dec-2019 19:47:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDD, RT: 19.035

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.199 D 13C-2,3,7,8-TCDD                        100.000         4365199          658555
Averages:

RRFn Qis Ris Area Ris Height
  1.199        100.000         4365199          658555

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.686              3341               804              5634              1335      0.1715 0.59 RQ
16.686              3341               804              4338              1044      0.1467 Empc Correction
17.983             31204              5855             39869              6702        1.36 0.78
Signal Totals:

            34545              6659             44207              7746
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            80048             14696 0.76 RQ
            78752             14405 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.530 = (80048 * 100.000) / (4365199 * 1.199)
Empc Amount:          1.505 = (78752 * 100.000) / (4365199 * 1.199)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Inject. Date: 13-Dec-2019 19:47:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 10

F1 PeCDFs, RT: 23.266

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         5793701          988848
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         5791966          894234
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         5792833          941541

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

22.393              6115               903              4788               763      0.1598 1.28 RQ
22.393              6115               903              3945               582      0.1475 Empc Correction
Signal Totals:

             6115               903              3945               582
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            10903              1666 1.28 RQ
            10060              1485 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1598 = (10903 * 100.000) / (5792833 * 1.178)
Empc Amount:         0.1475 = (10060 * 100.000) / (5792833 * 1.178)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Inject. Date: 13-Dec-2019 19:47:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 10

Non-2,3,7,8-sub-PeCDF, RT: 26.724

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         5793701          988848
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         5791966          894234
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         5792833          941541

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

24.437             16436              2352              8820              1294      0.3703 1.86 RQM
24.437             13670              2005              8820              1294      0.3297 Empc Correction
27.557              5070               742              3005               446      0.1184 1.69
Signal Totals:

            18740              2747             11825              1740
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            33331              4834 1.82 RQM
            30565              4487 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.4886 = (33331 * 100.000) / (5792833 * 1.178)
Empc Amount:         0.4481 = (30565 * 100.000) / (5792833 * 1.178)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 09:40:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Inject. Date: 13-Dec-2019 19:47:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 10

Non-2,3,7,8-sub-PeCDD, RT: 26.851

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.120 D 13C-1,2,3,7,8-PeCDD                     100.000         3505665          551765
Averages:

RRFn Qis Ris Area Ris Height
  1.120        100.000         3505665          551765

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

24.706             16768              2868             13174              1952      0.7626 1.27 RQ
24.706             16768              2868             10818              1850      0.7026 Empc Correction
25.460             34378              5824             23154              4405        1.47 1.48
26.987             18279              2529             11812              1562      0.7664 1.55 M
Signal Totals:

            69425             11221             45784              7817
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           117565             19140 1.44 RQM
           115209             19038 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.994 = (117565 * 100.000) / (3505665 * 1.120)
Empc Amount:          2.934 = (115209 * 100.000) / (3505665 * 1.120)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 09:40:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Inject. Date: 13-Dec-2019 19:47:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 10

Non-2,3,7,8-sub-HxCDF, RT: 33.751

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.302 D 13C-1,2,3,4,7,8-HxCDF                   100.000         4860506          834297
  1,2,3,6,7,8-HxCDF                  1.291 D 13C-1,2,3,6,7,8-HxCDF                   100.000         5330941          891222
  2,3,4,6,7,8-HxCDF                  1.304 D 13C-2,3,4,6,7,8-HxCDF                   100.000         4708960          870140
  1,2,3,7,8,9-HxCDF                  1.333 D 13C-1,2,3,7,8,9-HxCDF                   100.000         4496491          985537
Averages:

RRFn Qis Ris Area Ris Height
  1.307        100.000         4849224          895299

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

31.870             15723              1886             13272              1472      0.4573 1.18
32.986             15473              2156             11640              1617      0.4277 1.33 Ma
Signal Totals:

            31196              4042             24912              3089
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            56108              7131 1.25 Ma

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.8850 = (56108 * 100.000) / (4849224 * 1.307)

QC Flag Legend

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 09:40:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Inject. Date: 13-Dec-2019 19:47:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 10

Non-2,3,7,8-sub-HxCDD, RT: 34.284

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.172 D 13C-1,2,3,4,7,8-HxCDD                   100.000         3900941          843665
  1,2,3,6,7,8-HxCDD                  1.126 D 13C-1,2,3,6,7,8-HxCDD                   100.000         4121636          835261
  1,2,3,7,8,9-HxCDD                  1.233
Averages:

RRFn Qis Ris Area Ris Height
  1.177        100.000         4011288          839463

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

32.902            244480             36079            199307             28607        9.40 1.23
34.294             62443             11290             55391              9364        2.50 1.13 Ma
Signal Totals:

           306923             47369            254698             37971
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           561621             85340 1.21 Ma

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         11.896 = (561621 * 100.000) / (4011288 * 1.177)

QC Flag Legend

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 17-Dec-2019 09:40:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Inject. Date: 13-Dec-2019 19:47:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDF, RT: 38.556

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.618 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000         3724779          892321
  1,2,3,4,7,8,9-HpCDF                1.467 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000         4014739         1093071
Averages:

RRFn Qis Ris Area Ris Height
  1.542        100.000         3869759          992696

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

38.146              3692              1048              2974               916      0.1117 1.24 RQ
38.146              3092               952              2974               916      0.1016 Empc Correction
38.297             52482             14361             49748             13919        1.71 1.05 M
Signal Totals:

            55574             15313             52722             14835
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           108896             30244 1.07 RQM
           108296             30148 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.824 = (108896 * 100.000) / (3869759 * 1.542)
Empc Amount:          1.814 = (108296 * 100.000) / (3869759 * 1.542)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 09:40:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Lims ID: 320-56911-A-4-A
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Inject. Date: 13-Dec-2019 19:47:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDD, RT: 38.803

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.124 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000         3933775         1002826
Averages:

RRFn Qis Ris Area Ris Height
  1.124        100.000         3933775         1002826

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

38.238            728015            184159            685880            174517        32.0 1.06
Signal Totals:

           728015            184159            685880            174517
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1413895            358676 1.06

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         31.986 = (1413895 * 100.000) / (3933775 * 1.124)
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Report Date: 17-Dec-2019 09:40:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1(14.07 :22.11 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  19.93
Area: 83766
Amount:    3.558712
Amount Units: pg/ul
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Manual Integration Results
RT:  19.93
Area: 80995
Amount:    3.505760
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:36:32
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:40:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2(22.22 :29.20 )

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 24.28- 29.17)
Signal: 1

Processing Integration Results
RT = 24.437 Area = 17892
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Manual Integration Results
RT = 24.437 Area = 16436 M
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Reviewer: dadunj, 17-Dec-2019 09:37:01
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:40:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2(22.22 :29.20 )

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 24.28- 29.17)
Signal: 2

Processing Integration Results
RT = 24.454 Area = 9884

24.2 24.4 24.6 24.8 25.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

0)
F2:m/z     341.8567:SG5Pt_x1

Manual Integration Results
RT = 24.454 Area = 8820 M
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Reviewer: dadunj, 17-Dec-2019 09:37:04
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:40:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2(22.22 :29.20 )

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 24.68- 29.02)
Signal: 1

Processing Integration Results
RT = 26.995 Area = 21174
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Manual Integration Results
RT = 26.987 Area = 18279 M
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Reviewer: dadunj, 17-Dec-2019 09:37:15
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:40:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  33.77
Area: 20226
Amount:    0.601514
Amount Units: pg/ul
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Manual Integration Results
RT:  33.77
Area: 13198
Amount:    0.490470
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:37:26
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:40:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  33.77
Area: 20226
Amount:    0.553272
Amount Units: pg/ul
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Manual Integration Results
RT:  33.96
Area: 7037
Amount:    0.212967
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:37:31
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:40:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 3

Processing Integration Results
RT:  33.78
Area: 38070
Amount:    0.553272
Amount Units: pg/ul
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Manual Integration Results
RT:  33.93
Area: 14654
Amount:    0.212967
Amount Units: pg/ul
Reviewer: dadunj, 17-Dec-2019 09:37:31
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 17-Dec-2019 09:40:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  33.78
Area: 17844
Amount:    0.553272
Amount Units: pg/ul
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Manual Integration Results
RT:  33.93
Area: 7617
Amount:    0.212967
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:37:32
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 17-Dec-2019 09:40:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 31.44- 36.06)
Signal: 1

Processing Integration Results
RT = 32.986 Area = 15473
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Manual Integration Results
RT = 32.986 Area = 15473
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Reviewer: dadunj, 17-Dec-2019 09:38:05
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Assign Peak
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Report Date: 17-Dec-2019 09:40:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8158, RT: ( 32.88- 35.68)
Signal: 1

Processing Integration Results
RT = 34.294 Area = 72874
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Manual Integration Results
RT = 34.294 Area = 62443 M
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Reviewer: dadunj, 17-Dec-2019 09:38:41
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-4-A          Lab Sample ID: 320-56911-4              
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4(34.11 :36.51 )

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7788, RT: ( 37.87- 39.24)
Signal: 2

Processing Integration Results
RT = 38.288 Area = 51213
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Manual Integration Results
RT = 38.288 Area = 49748 M
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Reviewer: dadunj, 17-Dec-2019 09:38:58
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

-1

4

9

14

19

24

29

34

39

44

49

54

Y
 ( 

X
10

)

F1:m/z     375.8364:SG5Pt_x1

19.28

22.87

18.46
20.94

19.81
21.00

22.91
16.12

19.8514.08

Page 445 of 1734



Report Date: 17-Dec-2019 09:40:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 17-Dec-2019 09:40:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          33.78

Non-2,3,7,8-sub-HxCDF
          31.87

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          33.77

Non-2,3,7,8-sub-HxCDF
          31.82

HxCDF Interference Mass

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

1

5

9

13

17

21

25

29

33

37

Y
 ( 

X
10

)

F3:m/z     445.7555:SG5Pt_x1

34.82

35.12

33.4532.00

30.91
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Report Date: 17-Dec-2019 09:40:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
)

F3:m/z     389.8158:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.90

Non-2,3,7,8-sub-HxCDD
          34.29

34.50 36.11

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.92

Non-2,3,7,8-sub-HxCDD
          34.29

36.1133.88 34.49

HxCDD Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.71

36.00

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.70
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Report Date: 17-Dec-2019 09:40:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
)

F4:m/z     407.7817:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.30

1,2,3,4,6,7,8-HpCDF
          37.91

1,2,3,4,7,8,9-HpCDF
          39.22

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
)

F4:m/z     409.7788:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.29

1,2,3,4,6,7,8-HpCDF
          37.90

1,2,3,4,7,8,9-HpCDF
          39.22

38.47

HpCDF Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.21

13C-1,2,3,4,6,7,8-HpCDF
          37.89

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.21

13C-1,2,3,4,6,7,8-HpCDF
          37.89
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Report Date: 17-Dec-2019 09:40:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
)

F4:m/z     407.7817:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.30

1,2,3,4,6,7,8-HpCDF
          37.91

1,2,3,4,7,8,9-HpCDF
          39.22

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
)

F4:m/z     409.7788:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.29

1,2,3,4,6,7,8-HpCDF
          37.90

1,2,3,4,7,8,9-HpCDF
          39.22

38.47

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

1

9

17

25

33

41

49

57

65

73

81

Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1

39.35

38.46

37.88
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Report Date: 17-Dec-2019 09:40:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F4:m/z     423.7767:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.24

1,2,3,4,6,7,8-HpCDD
          38.92

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.24

1,2,3,4,6,7,8-HpCDD
          38.92

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.90

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.90
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Report Date: 17-Dec-2019 09:40:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.42

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.42

OCDF Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.35

41.72

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.34

41.62
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Report Date: 17-Dec-2019 09:40:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.42

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.42

OCDF Interference Mass

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

4

9

14

19

24

29

34

39

44

49

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1

41.14

43.00 44.68

44.8740.41
40.97 41.83

44.2543.83

41.63
43.39

40.46
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Report Date: 17-Dec-2019 09:40:23 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.35

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.35

OCDD Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.35

41.72

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.34

41.62
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Report Date: 17-Dec-2019 09:40:23 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1
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Report Date: 17-Dec-2019 09:40:23 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_11.d
Injection Date: 13-Dec-2019 19:47:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345338 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120719-SS-SJSSA0
1 (4-6) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-4 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_005.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/07/2019  15:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/16/2019  21:56

Low2(uL)

20(uL)

% Moisture: 42.8

Sample wt/vol: 10.09(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.7 0.3751207-31-9 2,3,7,8-TCDF 38

%RECCAS NO. LIMITSQISOTOPE DILUTION

60 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

105 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:38:24 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_005.d
Lims ID: 320-56911-A-4-A          
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Sample Type: Client
Inject. Date: 16-Dec-2019 21:56:43 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-4-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:33:11

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.380   82847221 0.79  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.560   66415808 0.79   1.3379        59.9        59.9   0.3430   0.3430  59.92
  2,3,7,8-TCDF 16.587    6185346 0.79   0.8389        11.1        11.1   0.1056   0.1056
D 13C-2,3,7,8-TCDD 15.119   44638115 0.77   0.9388        57.4        57.4   0.6958   0.6958  57.39
  2,3,7,8-TCDD 15.133    1812603 0.77   1.1538       3.904       3.519   0.1275   0.1275  RQ
$ 37Cl4-2,3,7,8-TCDD 15.147   41192822   1.1816        42.1        42.1   0.0707   0.0707    105

S Total 2378-Chlorinated 0.000100 0.000100

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:38:24 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_005.d
Lims ID: 320-56911-A-4-A          
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Sample Type: Client
Inject. Date: 16-Dec-2019 21:56:43 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-4-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:33:11

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.380 15.383    0   36461418    7772273  26023  65057    299
333.9339 15.380 15.383    0   46385803    9912369  20184  50460    491  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.560 16.576   -1  1.077   29326453    5685064  18458  46145    308
317.9389 16.560 16.576   -1  1.077   37089355    7084177  14007  35017    506  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.587 16.590    0  1.002    2737626     522964   1823   4557    287
305.8987 16.587 16.590    0  1.002    3447720     664163   2703   6757    246  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.119 15.122    0  0.983   19470497    4190940  26023  65057    161
333.9339 15.119 15.122    0  0.983   25167618    5453276  20184  50460    270  0.77(0.65-0.89)

2,3,7,8-TCDD RQ
319.8965 15.133 15.149   -1  1.001     986705     180173   3614   9035     50

Empc Correction     788533     154237   3614   9035     43
321.8936 15.133 15.149   -1  1.001    1024070     200308   2063   5157     97  0.96(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.147 15.149    0  0.985   41192822    8408598   5911  14777   1423

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:38:24 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_005.d
Injection Date: 16-Dec-2019 21:56:43 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345960 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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15

23

31

39

47

55

63

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.09

14.04 17.27 18.93

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.09

14.04 17.25 18.9715.57

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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Y
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X
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00
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)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.56

12.05

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

11

22

33

44

55

66

77
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Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.56

12.05
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Report Date: 17-Dec-2019 09:38:24 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_005.d
Injection Date: 16-Dec-2019 21:56:43 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345960 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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Y
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X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0
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Y
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X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-3

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 17-Dec-2019 09:38:24 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_005.d
Injection Date: 16-Dec-2019 21:56:43 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345960 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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0
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 17-Dec-2019 09:38:24 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_005.d
Injection Date: 16-Dec-2019 21:56:43 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120719-SS-SJSSA01 (4-6)
Worklist#: 345960 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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99

Y

F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (0-1)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-5

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_12.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  20:35

Low1(uL)

20(uL)

% Moisture: 29.0

Sample wt/vol: 9.99(g)

N

Analysis Batch No.: 345338 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.191746-01-6 2,3,7,8-TCDD 3.0

7.0 0.1440321-76-4 1,2,3,7,8-PeCDD ND

7.0 0.084J q57117-41-6 1,2,3,7,8-PeCDF 0.35

7.0 0.09257117-31-4 2,3,4,7,8-PeCDF ND

7.0 0.08739227-28-6 1,2,3,4,7,8-HxCDD ND

7.0 0.093J B57653-85-7 1,2,3,6,7,8-HxCDD 0.31

7.0 0.084J19408-74-3 1,2,3,7,8,9-HxCDD 0.34

7.0 0.077J70648-26-9 1,2,3,4,7,8-HxCDF 0.33

7.0 0.07357117-44-9 1,2,3,6,7,8-HxCDF ND

7.0 0.063J q72918-21-9 1,2,3,7,8,9-HxCDF 0.13

7.0 0.07060851-34-5 2,3,4,6,7,8-HxCDF ND

7.0 0.20B35822-46-9 1,2,3,4,6,7,8-HpCDD 7.4

7.0 0.098J67562-39-4 1,2,3,4,6,7,8-HpCDF 0.83

7.0 0.08755673-89-7 1,2,3,4,7,8,9-HpCDF ND

14 0.56B3268-87-9 OCDD 300

14 0.16J B39001-02-0 OCDF 4.4

1.4 0.1941903-57-5 Total TCDD 3.0

1.4 0.15q30402-14-3 Total TCDF 19

7.0 0.1436088-22-9 Total PeCDD ND

7.0 0.088J q30402-15-4 Total PeCDF 0.76

7.0 0.088J B34465-46-8 Total HxCDD 3.3

7.0 0.071J q55684-94-1 Total HxCDF 0.83

7.0 0.20B37871-00-4 Total HpCDD 27

7.0 0.093J B38998-75-3 Total HpCDF 2.3

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (0-1)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-5

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_12.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  20:35

Low1(uL)

20(uL)

% Moisture: 29.0

Sample wt/vol: 9.99(g)

N

Analysis Batch No.: 345338 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

57 25-16476523-40-5 13C-2,3,7,8-TCDD

51 24-16989059-46-1 13C-2,3,7,8-TCDF

53 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

54 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

57 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

60 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

61 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

55 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

54 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

51 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

49 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

55 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

48 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

57 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

59 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

97 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Lims ID: 320-56911-A-5-A          
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Sample Type: Client
Inject. Date: 13-Dec-2019 20:35:00 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-5-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:43:45 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: dadunj Date: 17-Dec-2019 09:43:45

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 19.528    7470389 0.82  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 18.629    6163903 0.79   1.6096        51.3        51.3   0.2144   0.2144  51.26
  2,3,7,8-TCDF 18.655     308102 0.78   1.2332       4.053       4.053   0.0524   0.0524
A Non-2,3,7,8-sub-TCDF 18.244     206571 0.77   1.2332       2.757       2.717   0.0524    1.880  RQ
S Total TCDF       6.810       6.771   0.0524   0.0524  RQ

D 13C-2,3,7,8-TCDD 19.866    4245093 0.80   0.9984        56.9        56.9   0.1996   0.1996  56.92
  2,3,7,8-TCDD 19.909      54064 0.65   1.1988       1.062       1.062   0.0676   0.0676  M
$ 37Cl4-2,3,7,8-TCDD 19.900    4200433   1.4510        38.8        38.8   0.0342   0.0342  96.88

A Non-2,3,7,8-sub-TCDD 19.035   0.0676   0.0676
S Total TCDD       1.062       1.062   0.0676   0.0676

D 13C-1,2,3,7,8-PeCDF 25.785    5474215 1.55   1.3678        53.6        53.6   0.2236   0.2236  53.58
  1,2,3,7,8-PeCDF 25.818       7950 1.55   1.1689      0.1398      0.1242   0.0296   0.0296  RQ
D 13C-2,3,4,7,8-PeCDF 27.202    5537839 1.58   1.3045        56.8        56.8   0.2344   0.2344  56.83
  2,3,4,7,8-PeCDF 27.205   0.0326   0.0326
A F1 PeCDFs 23.266   0.0128   0.0128
A Non-2,3,7,8-sub-PeCDF 26.724       9483 1.69   1.1775      0.1463      0.1463   0.0310   0.1463
S Total PeCDF      0.2860      0.2705   0.0311   0.0311  RQ

D 13C-1,2,3,7,8-PeCDD 27.966    3254347 1.64   0.8292        52.5        52.5   0.1486   0.1486  52.54
  1,2,3,7,8-PeCDD 27.965   0.0504   0.0504
A Non-2,3,7,8-sub-PeCDD 26.851   0.0504   0.0504
S Total PeCDD   0.0504   0.0504

D 13C-1,2,3,4,7,8-HxCDF 33.723    4622470 0.52   1.1700        54.8        54.8   0.1809   0.1809  54.84
  1,2,3,4,7,8-HxCDF 33.757       7128 1.27   1.3021      0.1184      0.1184   0.0271   0.0271
D 13C-1,2,3,6,7,8-HxCDF 33.925    5090708 0.53   1.3168        53.7        53.7   0.1607   0.1607  53.66
  1,2,3,6,7,8-HxCDF 33.757   0.0258   0.0258  U
D 13C-2,3,4,6,7,8-HxCDF 34.897    4560100 0.52   1.2873        49.2        49.2   0.1644   0.1644  49.17
  2,3,4,6,7,8-HxCDF 34.905   0.0250   0.0250
D 13C-1,2,3,7,8,9-HxCDF 35.895    4379073 0.53   1.1987        50.7        50.7   0.1765   0.1765  50.70
  1,2,3,7,8,9-HxCDF 35.921       2739 1.24   1.3329      0.0540      0.0469   0.0224   0.0224  RQ
A Non-2,3,7,8-sub-HxCDF 33.751       7931 1.34   1.3074      0.1301      0.1301   0.0250   0.1301
S Total HxCDF      0.3025      0.2954   0.0251   0.0251  RQ
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 35.694    7204641 1.28  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.149    3638540 1.28   0.8364        60.4        60.4   0.1956   0.1956  60.38
  1,2,3,4,7,8-HxCDD 35.317   0.0308   0.0308  U
D 13C-1,2,3,6,7,8-HxCDD 35.283    3996778 1.27   0.9040        61.4        61.4   0.1810   0.1810  61.36
  1,2,3,6,7,8-HxCDD 35.317       4934 1.40   1.1256      0.1097      0.1097   0.0328   0.0328
  1,2,3,7,8,9-HxCDD 35.711       5666 1.14   1.2327      0.1204      0.1204   0.0296   0.0296  M
A Non-2,3,7,8-sub-HxCDD 34.284      42763 1.22   1.1769      0.9517      0.9517   0.0310   0.6333
S Total HxCDD       1.182       1.182   0.0311   0.0311

D 13C-1,2,3,4,6,7,8-HpCDF 37.879    3374987 0.46   0.9689        48.3        48.3   0.3274   0.3274  48.35
  1,2,3,4,6,7,8-HpCDF 37.896      15980 1.05   1.6176      0.2927      0.2927   0.0348   0.0348  M
D 13C-1,2,3,4,7,8,9-HpCDF 39.196    3797308 0.45   0.9231        57.1        57.1   0.3437   0.3437  57.10
  1,2,3,4,7,8,9-HpCDF 39.202   0.0309   0.0309
A Non-2,3,7,8-sub-HpCDF 38.556      28449 0.99   1.5424      0.5143      0.5143   0.0326   0.5143
S Total HpCDF      0.8070      0.8070   0.0329   0.0329

D 13C-1,2,3,4,6,7,8-HpCDD 38.885    3580209 1.06   0.9114        54.5        54.5   0.1547   0.1547  54.52
  1,2,3,4,6,7,8-HpCDD 38.902     104921 1.03   1.1237       2.608       2.608   0.0712   0.0712
A Non-2,3,7,8-sub-HpCDD 38.803     281192 0.98   1.1237       6.989       6.989   0.0712    6.989
S Total HpCDD       9.597       9.597   0.0712   0.0712

D 13C-OCDD 41.331    5348335 0.89   0.6272       118.4       118.4   0.2229   0.2229  59.18
  OCDF 41.415      63690 0.82   1.5416       1.545       1.545   0.0577   0.0577
  OCDD 41.339    3320626 0.88   1.1855       104.7       104.7   0.1999   0.1999

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Lims ID: 320-56911-A-5-A          
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Sample Type: Client
Inject. Date: 13-Dec-2019 20:35:00 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-5-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:43:45 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: dadunj Date: 17-Dec-2019 09:43:45

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 19.528 19.502    2    3364063     538845    721   1802    747
333.9338 19.528 19.502    2    4106326     643983    222    555   2901  0.82(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 18.629 18.611    1  0.954    2720268     439764   1033   2582    426
317.9389 18.629 18.611    1  0.954    3443635     561282    600   1500    935  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.655 18.637    1  1.001     134721      19373     91    227    213
305.8987 18.655 18.637    1  1.001     173381      24466    168    420    146  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQ

303.9016 16.347 18.244 -114  0.877       5893       1267     91    227     14
Empc Correction       4918       1064     91    227     12

305.8987 16.347 18.244 -114  0.877       6388       1382    168    420      8  0.92(0.65-0.89)

303.9016 16.779 18.244  -88  0.901       9221       1515     91    227     17
305.8987 16.770 18.244  -88  0.900      11271       1900    168    420     11  0.82(0.65-0.89)

303.9016 17.185 18.244  -63  0.922       3992        910     91    227     10
305.8987 17.185 18.244  -63  0.922       7234       1097    168    420      7  0.55(0.65-0.89)

Empc Correction       5184       1181    168    420      7

303.9016 18.007 18.244  -14  0.967      64811       9392     91    227    103
305.8987 18.007 18.244  -14  0.967      78092      13021    168    420     78  0.83(0.65-0.89)

303.9016 21.724 18.244  208  1.166       9659       1593     91    227     18
305.8987 21.742 18.244  209  1.167      13035       1777    168    420     11  0.74(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19.866 19.848    1  1.017    1881055     272590    721   1802    378
333.9338 19.866 19.848    1  1.017    2364038     341091    222    555   1536  0.80(0.65-0.89)
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD M
319.8965 19.909 19.874    2  1.002      21325       3618    164    410     22
321.8936 19.918 19.874    3  1.003      32739       5256     35     87    150  0.65(0.65-0.89) M

37Cl4-2,3,7,8-TCDD
327.8847 19.900 19.882    1  1.019    4200433     619462    235    587   2636

A Non-2,3,7,8-sub-TCDD
319.8965 19.035     164     410
321.8936 19.035      35      87

13C-1,2,3,7,8-PeCDF
351.9000 25.785 25.760    2  1.320    3331154     579333    896   2240    647
353.8970 25.785 25.760    2  1.320    2143061     379558    551   1377    689  1.55(1.32-1.78)

1,2,3,7,8-PeCDF RQ
339.8597 25.818 25.785    2  1.001       5825       1087     26     65     42

Empc Correction       4832        764     26     65     29
341.8567 25.793 25.785    1  1.000       3118        493    107    267      5  1.87(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 27.202 27.177    2  1.393    3392043     523917    896   2240    585
353.8970 27.194 27.177    1  1.393    2145796     333521    551   1377    605  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 27.202      26      65
341.8567 27.202     107     267

A F1 PeCDFs
339.8597 23.266       3       7
341.8567 23.266      52     130

A Non-2,3,7,8-sub-PeCDF

339.8597 24.409 26.724 -139  0.947       5953       1004     26     65     39
341.8567 24.409 26.724 -139  0.947       3530        673    107    267      6  1.69(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 27.966 27.949    1  1.432    2022303     305671    287    717   1065
369.8919 27.966 27.949    1  1.432    1232044     189935    296    740    642  1.64(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 27.965      92     230
357.8516 27.965      20      50

A Non-2,3,7,8-sub-PeCDD
355.8546 26.851      92     230
357.8516 26.851      20      50

13C-1,2,3,4,7,8-HxCDF
383.8639 33.723 33.714    1  0.945    1585138     273714    481   1202    569
385.8610 33.732 33.714    1  0.945    3037332     518404    828   2070    626  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 33.757 33.739    1  1.001       3983        791     70    175     11
375.8178 33.740 33.739    0  1.000       3145        724     42    105     17  1.27(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 33.925 33.915    1  0.950    1764993     301339    481   1202    626
385.8610 33.925 33.915    1  0.950    3325715     538362    828   2070    650  0.53(0.43-0.59)
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDF U
373.8208 33.932      70     175
375.8178 33.932      42     105

13C-2,3,4,6,7,8-HxCDF
383.8639 34.897 34.880    1  0.978    1567402     301892    481   1202    628
385.8610 34.897 34.880    1  0.978    2992698     558133    828   2070    674  0.52(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 34.905      70     175
375.8178 34.905      42     105

13C-1,2,3,7,8,9-HxCDF
383.8639 35.895 35.878    1  1.006    1510135     316135    481   1202    657
385.8610 35.895 35.878    1  1.006    2868938     620007    828   2070    749  0.53(0.43-0.59)

1,2,3,7,8,9-HxCDF RQ
373.8208 35.921 35.894    2  1.001       1929        363     70    175      5

Empc Correction       1516        321     70    175      5
375.8178 35.912 35.894    1  1.000       1223        259     42    105      6  1.58(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF

373.8208 32.969 33.751  -47  0.978       4545        804     70    175     11
375.8178 33.019 33.751  -44  0.979       3386        503     42    105     12  1.34(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 35.694 35.685    1    4039468     866942    531   1327   1633
403.8529 35.694 35.685    1    3165173     679244    481   1202   1412  1.28(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.149 35.131    1  0.985    2042137     451100    531   1327    850
403.8529 35.149 35.131    1  0.985    1596403     356763    481   1202    742  1.28(1.05-1.43)

1,2,3,4,7,8-HxCDD U
389.8158 35.148      59     147
391.8127 35.148      58     145

13C-1,2,3,6,7,8-HxCDD
401.8559 35.283 35.265    1  0.988    2235123     448299    531   1327    844
403.8529 35.283 35.265    1  0.988    1761655     342453    481   1202    712  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 35.317 35.282    2  1.001       2881        615     59    147     10
391.8127 35.291 35.282    1  1.000       2053        585     58    145     10  1.40(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8158 35.711 35.693    1  1.016       3017        576     59    147     10 M
391.8127 35.702 35.693    1  1.016       2649        622     58    145     11  1.14(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD

389.8158 32.910 34.284  -82  0.933      15851       2682     59    147     45
391.8127 32.910 34.284  -82  0.933      12603       1926     58    145     33  1.26(1.05-1.43)

389.8158 34.277 34.284    0  0.971       7644       1355     59    147     23
391.8127 34.285 34.284    0  0.972       6665       1083     58    145     19  1.15(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 37.879 37.877    0  1.061    1061400     249181    715   1787    349
419.8220 37.879 37.877    0  1.061    2313587     541188   1247   3117    434  0.46(0.37-0.51)
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,7,8-HpCDF M
407.7817 37.896 37.886    1  1.000       8182       2098    138    345     15 M
409.7788 37.896 37.886    1  1.000       7798       1733     40    100     43  1.05(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.196 39.194    0  1.098    1180686     311467    715   1787    436
419.8220 39.196 39.194    0  1.098    2616622     670249   1247   3117    537  0.45(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.202     138     345
409.7788 39.202      40     100

A Non-2,3,7,8-sub-HpCDF

407.7817 38.282 38.556  -16  1.011      14169       3304    138    345     24
409.7788 38.282 38.556  -16  1.011      14280       3690     40    100     92  0.99(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 38.885 38.892    0  1.089    1841956     462720    459   1147   1008
437.8140 38.885 38.892    0  1.089    1738253     443283    413   1032   1073  1.06(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 38.902 38.901    0  1.000      53338      12900    169    422     76
425.7737 38.894 38.901    0  1.000      51583      12742    121    302    105  1.03(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 38.231 38.803  -34  0.983     139367      33113    169    422    196
425.7737 38.231 38.803  -34  0.983     141825      33526    121    302    277  0.98(0.88-1.20)

13C-OCDD
469.7780 41.331 41.345   -1  1.158    2522019     504754    506   1265    998
471.7750 41.331 41.345   -1  1.158    2826316     546080    359    897   1521  0.89(0.76-1.02)

OCDF
441.7428 41.415 41.413    0  1.002      28701       6763     54    135    125
443.7399 41.398 41.413   -1  1.002      34989       6540    133    332     49  0.82(0.76-1.02)

OCDD
457.7377 41.339 41.345    0  1.000    1556506     305206    240    600   1272
459.7348 41.339 41.345    0  1.000    1764120     341807    258    645   1325  0.88(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Lims ID: 320-56911-A-5-A
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Inject. Date: 13-Dec-2019 20:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 11

Non-2,3,7,8-sub-TCDF, RT: 18.244

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.233 D 13C-2,3,7,8-TCDF                        100.000         6163903         1001046
Averages:

RRFn Qis Ris Area Ris Height
  1.233        100.000         6163903         1001046

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

16.347              5893              1267              6388              1382      0.1616 0.92 RQ
16.347              4918              1064              6388              1382      0.1487 Empc Correction
16.779              9221              1515             11271              1900      0.2696 0.82
17.185              3992               910              7234              1097      0.1477 0.55 RQ
17.185              3992               910              5184              1181      0.1207 Empc Correction
18.007             64811              9392             78092             13021        1.88 0.83
21.724              9659              1593             13035              1777      0.2985 0.74
Signal Totals:

            92601             14474            113970             19261
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           209596             33854 0.81 RQ
           206571             33735 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.757 = (209596 * 100.000) / (6163903 * 1.233)
Empc Amount:          2.717 = (206571 * 100.000) / (6163903 * 1.233)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Lims ID: 320-56911-A-5-A
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Inject. Date: 13-Dec-2019 20:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 11

Non-2,3,7,8-sub-PeCDF, RT: 26.724

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         5474215          958891
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         5537839          857438
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         5506027          908164

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

24.409              5953              1004              3530               673      0.1463 1.69
Signal Totals:

             5953              1004              3530               673
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             9483              1677 1.69

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1463 = (9483 * 100.000) / (5506027 * 1.178)
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Lims ID: 320-56911-A-5-A
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Inject. Date: 13-Dec-2019 20:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 11

Non-2,3,7,8-sub-HxCDF, RT: 33.751

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.302 D 13C-1,2,3,4,7,8-HxCDF                   100.000         4622470          792118
  1,2,3,6,7,8-HxCDF                  1.291 D 13C-1,2,3,6,7,8-HxCDF                   100.000         5090708          839701
  2,3,4,6,7,8-HxCDF                  1.304 D 13C-2,3,4,6,7,8-HxCDF                   100.000         4560100          860025
  1,2,3,7,8,9-HxCDF                  1.333 D 13C-1,2,3,7,8,9-HxCDF                   100.000         4379073          936142
Averages:

RRFn Qis Ris Area Ris Height
  1.307        100.000         4663087          856996

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

32.969              4545               804              3386               503      0.1301 1.34
Signal Totals:

             4545               804              3386               503
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             7931              1307 1.34

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1301 = (7931 * 100.000) / (4663087 * 1.307)
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Lims ID: 320-56911-A-5-A
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Inject. Date: 13-Dec-2019 20:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 11

Non-2,3,7,8-sub-HxCDD, RT: 34.284

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.172 D 13C-1,2,3,4,7,8-HxCDD                   100.000         3638540          807863
  1,2,3,6,7,8-HxCDD                  1.126 D 13C-1,2,3,6,7,8-HxCDD                   100.000         3996778          790752
  1,2,3,7,8,9-HxCDD                  1.233
Averages:

RRFn Qis Ris Area Ris Height
  1.177        100.000         3817659          799307

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

32.910             15851              2682             12603              1926      0.6333 1.26
34.277              7644              1355              6665              1083      0.3185 1.15
Signal Totals:

            23495              4037             19268              3009
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            42763              7046 1.22

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9517 = (42763 * 100.000) / (3817659 * 1.177)
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Report Date: 17-Dec-2019 09:43:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Lims ID: 320-56911-A-5-A
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Inject. Date: 13-Dec-2019 20:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 11

Non-2,3,7,8-sub-HpCDF, RT: 38.556

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.618 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000         3374987          790369
  1,2,3,4,7,8,9-HpCDF                1.467 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000         3797308          981716
Averages:

RRFn Qis Ris Area Ris Height
  1.542        100.000         3586147          886042

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

38.282             14169              3304             14280              3690      0.5143 0.99
Signal Totals:

            14169              3304             14280              3690
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            28449              6994 0.99

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.5143 = (28449 * 100.000) / (3586147 * 1.542)
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Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Lims ID: 320-56911-A-5-A
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Inject. Date: 13-Dec-2019 20:35:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 11

Non-2,3,7,8-sub-HpCDD, RT: 38.803

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.124 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000         3580209          906003
Averages:

RRFn Qis Ris Area Ris Height
  1.124        100.000         3580209          906003

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

38.231            139367             33113            141825             33526        6.99 0.98
Signal Totals:

           139367             33113            141825             33526
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           281192             66639 0.98

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          6.989 = (281192 * 100.000) / (3580209 * 1.124)
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-5-A          Lab Sample ID: 320-56911-5              
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1(14.07 :22.11 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  19.92
Area: 31153
Amount:    1.031187
Amount Units: pg/ul
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Manual Integration Results
RT:  19.92
Area: 32739
Amount:    1.062351
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:41:37
Audit Action: Manually Integrated Audit Reason: Baseline
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-5-A          Lab Sample ID: 320-56911-5              
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  35.71
Area: 4257
Amount:    0.146749
Amount Units: pg/ul
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Manual Integration Results
RT:  35.71
Area: 3017
Amount:    0.120399
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:42:26
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-5-A          Lab Sample ID: 320-56911-5              
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4(34.11 :36.51 )

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  37.90
Area: 8868
Amount:    0.305268
Amount Units: pg/ul
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Manual Integration Results
RT:  37.90
Area: 8182
Amount:    0.292702
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:42:52
Audit Action: Manually Integrated Audit Reason: Baseline
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Min

2

9

16

23

30

37

44

51

Y
 ( 

X
10

)

F2:m/z     355.8546:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

1

6

11

16

21

26

31

36

Y
 ( 

X
10

)

F2:m/z     357.8516:SG5Pt_x1

25.48

24.77

27.99

PeCDD Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.97

28.2425.89 28.39

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.97

28.2025.89
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Report Date: 17-Dec-2019 09:43:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          32.97

1,2,3,7,8,9-HxCDF
          35.92

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

2

14

26

38

50

62

74

86

Y
 ( 

X
10

)

F3:m/z     375.8178:SG5Pt_x1
1,2,3,4,7,8-HxCDF
          33.74

Non-2,3,7,8-sub-HxCDF
          33.02

1,2,3,7,8,9-HxCDF
          35.9134.81

HxCDF Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.9013C-1,2,3,6,7,8-HxCDF

          33.92

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.9013C-1,2,3,6,7,8-HxCDF

          33.92
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          32.97

1,2,3,7,8,9-HxCDF
          35.92

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

2

11

20

29

38

47

56

65

74

83

92

Y
 ( 

X
10

)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          33.74

Non-2,3,7,8-sub-HxCDF
          33.02

1,2,3,7,8,9-HxCDF
          35.91

34.81

HxCDF Interference Mass

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

19

21

23

25

27

29

31

33

35

Y

F3:m/z     445.7555:SG5Pt_x1
31.53

35.8633.39

35.67

36.69
32.98

36.22
32.68
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

0)

F3:m/z     389.8158:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          32.91

Non-2,3,7,8-sub-HxCDD
          34.28

34.5233.85 35.87

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

0)

F3:m/z     391.8127:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.91

Non-2,3,7,8-sub-HxCDD
          34.29

36.10

33.84

HxCDD Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.69

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.69

36.02
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

0)

F4:m/z     407.7817:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.28

1,2,3,4,6,7,8-HpCDF
          37.90

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

0)

F4:m/z     409.7788:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.28

1,2,3,4,6,7,8-HpCDF
          37.90

39.22

HpCDF Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.20

13C-1,2,3,4,6,7,8-HpCDF
          37.88

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.20

13C-1,2,3,4,6,7,8-HpCDF
          37.88

Page 500 of 1734



Report Date: 17-Dec-2019 09:43:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

0)

F4:m/z     407.7817:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.28

1,2,3,4,6,7,8-HpCDF
          37.90

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

0)

F4:m/z     409.7788:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.28

1,2,3,4,6,7,8-HpCDF
          37.90

39.22

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

2

10

18

26

34

42

50

58

66

74

82

90

Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
)

F4:m/z     423.7767:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.23

1,2,3,4,6,7,8-HpCDD
          38.90

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.23

1,2,3,4,6,7,8-HpCDD
          38.89

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.89

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.89
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.42

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.40

OCDF Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.33

41.78

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

8

17

26

35

44

53

62

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.33

41.75
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.42

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.40

OCDF Interference Mass

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1
43.46

42.5941.18

44.6040.33

43.20

44.7641.55 44.8341.99

44.07
41.22
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.34

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.34

OCDD Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.33

41.78

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

8

17

26

35

44

53

62

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.33

41.75
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_12.d
Injection Date: 13-Dec-2019 20:35:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345338 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (0-1) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-5 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_006.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/16/2019  22:35

Low2(uL)

20(uL)

% Moisture: 29.0

Sample wt/vol: 9.99(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.2751207-31-9 2,3,7,8-TCDF 13

%RECCAS NO. LIMITSQISOTOPE DILUTION

59 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

105 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B

Page 508 of 1734



Report Date: 17-Dec-2019 09:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_006.d
Lims ID: 320-56911-A-5-A          
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Sample Type: Client
Inject. Date: 16-Dec-2019 22:35:03 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-5-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:33:28

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.371   80473754 0.77  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.564   63123741 0.80   1.3379        58.6        58.6   0.2761   0.2761  58.63
  2,3,7,8-TCDF 16.564    2510132 0.78   0.8389       4.740       4.740   0.0961   0.0961
D 13C-2,3,7,8-TCDD 15.110   43386356 0.76   0.9388        57.4        57.4   0.4943   0.4943  57.43
  2,3,7,8-TCDD 15.137     517997 0.80   1.1538       1.035       1.035   0.1103   0.1103
$ 37Cl4-2,3,7,8-TCDD 15.137   39819425   1.1816        41.9        41.9   0.0583   0.0583    105

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 17-Dec-2019 09:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_006.d
Lims ID: 320-56911-A-5-A          
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Sample Type: Client
Inject. Date: 16-Dec-2019 22:35:03 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-5-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:33:28

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.371 15.383   -1   35044804    7595820  18758  46895    405
333.9339 15.371 15.383   -1   45428950    9878795  13676  34190    722  0.77(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.564 16.576   -1  1.078   28118652    5286745  15327  38317    345
317.9389 16.551 16.576   -2  1.077   35005089    6807341  10496  26240    649  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.564 16.590   -2  1.000    1101094     203733   1487   3717    137
305.8987 16.564 16.590   -2  1.000    1409038     257380   2411   6027    107  0.78(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.110 15.122   -1  0.983   18735459    3984998  18758  46895    212
333.9339 15.124 15.122    0  0.984   24650897    5199007  13676  34190    380  0.76(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.137 15.149   -1  1.002     230199      50629   2948   7370     17
321.8936 15.137 15.149   -1  1.002     287798      65462   1726   4315     38  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.137 15.149   -1  0.985   39819425    8352125   4813  12032   1735

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 17-Dec-2019 09:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_006.d
Injection Date: 16-Dec-2019 22:35:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345960 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          16.56

15.08

17.2514.04 18.9815.58

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.56

15.07

17.2514.04 18.95

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

7

15

23

31

39

47

55

63

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.56

12.04 16.98

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.55

12.04 16.92
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Report Date: 17-Dec-2019 09:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_006.d
Injection Date: 16-Dec-2019 22:35:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345960 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-3

5

13

21

29

37

45

53

61

69

77

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 17-Dec-2019 09:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_006.d
Injection Date: 16-Dec-2019 22:35:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345960 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

Page 513 of 1734



Report Date: 17-Dec-2019 09:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_006.d
Injection Date: 16-Dec-2019 22:35:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (0-1)
Worklist#: 345960 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

45

48

51

54

57

60

63

66

69

72

75

78

81

84

87

90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (1-2)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-6

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_13.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  21:23

Low1(uL)

20(uL)

% Moisture: 24.8

Sample wt/vol: 10.21(g)

N

Analysis Batch No.: 345338 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.191746-01-6 2,3,7,8-TCDD 4.4

6.5 0.1540321-76-4 1,2,3,7,8-PeCDD ND

6.5 0.075J57117-41-6 1,2,3,7,8-PeCDF 0.64

6.5 0.07957117-31-4 2,3,4,7,8-PeCDF ND

6.5 0.09639227-28-6 1,2,3,4,7,8-HxCDD ND

6.5 0.099J B57653-85-7 1,2,3,6,7,8-HxCDD 0.50

6.5 0.091J19408-74-3 1,2,3,7,8,9-HxCDD 0.58

6.5 0.079J70648-26-9 1,2,3,4,7,8-HxCDF 0.78

6.5 0.074J57117-44-9 1,2,3,6,7,8-HxCDF 0.32

6.5 0.067J72918-21-9 1,2,3,7,8,9-HxCDF 0.28

6.5 0.07360851-34-5 2,3,4,6,7,8-HxCDF ND

6.5 0.14J B35822-46-9 1,2,3,4,6,7,8-HpCDD 6.2

6.5 0.096J67562-39-4 1,2,3,4,6,7,8-HpCDF 1.2

6.5 0.086J q55673-89-7 1,2,3,4,7,8,9-HpCDF 0.35

13 0.42B3268-87-9 OCDD 180

13 0.15J B39001-02-0 OCDF 3.6

1.3 0.1941903-57-5 Total TCDD 4.4

1.3 0.16q30402-14-3 Total TCDF 29

6.5 0.1536088-22-9 Total PeCDD ND

6.5 0.077J30402-15-4 Total PeCDF 0.74

6.5 0.095J q B34465-46-8 Total HxCDD 4.3

6.5 0.073J55684-94-1 Total HxCDF 3.3

6.5 0.14B37871-00-4 Total HpCDD 18

6.5 0.091J q B38998-75-3 Total HpCDF 4.0

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (1-2)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-6

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_13.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  21:23

Low1(uL)

20(uL)

% Moisture: 24.8

Sample wt/vol: 10.21(g)

N

Analysis Batch No.: 345338 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

54 25-16476523-40-5 13C-2,3,7,8-TCDD

48 24-16989059-46-1 13C-2,3,7,8-TCDF

51 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

50 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

53 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

56 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

58 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

50 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

51 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

47 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

46 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

53 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

47 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

54 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

58 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

98 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Lims ID: 320-56911-A-6-A          
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Sample Type: Client
Inject. Date: 13-Dec-2019 21:23:00 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-6-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:47:11 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: messecara Date: 14-Dec-2019 01:09:52

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 19.536    7777302 0.80  5.2E+04       100.0       100.0  a

D 13C-2,3,7,8-TCDF 18.646    5951926 0.80   1.6096        47.5        47.5   0.1801   0.1801  47.55
  2,3,7,8-TCDF 18.672     471385 0.81   1.2332       6.422       6.422   0.0598   0.0598
A Non-2,3,7,8-sub-TCDF 18.244     337985 0.77   1.2332       4.678       4.605   0.0598    2.861  RQM
S Total TCDF        11.1        11.0   0.0598   0.0598  RQ

D 13C-2,3,7,8-TCDD 19.882    4171139 0.83   0.9984        53.7        53.7   0.2052   0.2052  53.72
  2,3,7,8-TCDD 19.899      83785 0.72   1.1988       1.676       1.676   0.0741   0.0741  M
$ 37Cl4-2,3,7,8-TCDD 19.908    4428709   1.4510        39.2        39.2   0.0436   0.0436  98.11

A Non-2,3,7,8-sub-TCDD 19.035   0.0741   0.0741
S Total TCDD       1.676       1.676   0.0741   0.0741

D 13C-1,2,3,7,8-PeCDF 25.801    5308325 1.60   1.3678        49.9        49.9   0.2273   0.2273  49.90
  1,2,3,7,8-PeCDF 25.810      15245 1.77   1.1689      0.2457      0.2457   0.0288   0.0288
D 13C-2,3,4,7,8-PeCDF 27.219    5423860 1.54   1.3045        53.5        53.5   0.2383   0.2383  53.46
  2,3,4,7,8-PeCDF 27.205   0.0305   0.0305
A F1 PeCDFs 23.266       2514 1.66   1.1775      0.0398      0.0398   0.0147   0.0398
A Non-2,3,7,8-sub-PeCDF 26.724   0.0296   0.0296
S Total PeCDF      0.2855      0.2855   0.0297   0.0297

D 13C-1,2,3,7,8-PeCDD 27.973    3309022 1.62   0.8292        51.3        51.3   0.0910   0.0910  51.31
  1,2,3,7,8-PeCDD 27.965   0.0580   0.0580
A Non-2,3,7,8-sub-PeCDD 26.851   0.0580   0.0580
S Total PeCDD   0.0580   0.0580

D 13C-1,2,3,4,7,8-HxCDF 33.739    4434381 0.53   1.1700        49.8        49.8   0.1998   0.1998  49.79
  1,2,3,4,7,8-HxCDF 33.764      17253 1.39   1.3021      0.2988      0.2988   0.0304   0.0304
D 13C-1,2,3,6,7,8-HxCDF 33.940    5062504 0.52   1.3168        50.5        50.5   0.1775   0.1775  50.51
  1,2,3,6,7,8-HxCDF 33.957       8001 1.38   1.2907      0.1224      0.1224   0.0283   0.0283
D 13C-2,3,4,6,7,8-HxCDF 34.904    4533304 0.52   1.2873        46.3        46.3   0.1815   0.1815  46.27
  2,3,4,6,7,8-HxCDF 34.905   0.0279   0.0279
D 13C-1,2,3,7,8,9-HxCDF 35.911    4252796 0.51   1.1987        46.6        46.6   0.1950   0.1950  46.61
  1,2,3,7,8,9-HxCDF 35.919       6074 1.37   1.3329      0.1072      0.1072   0.0259   0.0259
A Non-2,3,7,8-sub-HxCDF 33.751      45022 1.27   1.3074      0.7534      0.7534   0.0280   0.5716
S Total HxCDF       1.282       1.282   0.0281   0.0281
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 35.701    7611457 1.26  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.164    3589937 1.26   0.8364        56.4        56.4   0.2168   0.2168  56.39
  1,2,3,4,7,8-HxCDD 35.315   0.0367   0.0367  U
D 13C-1,2,3,6,7,8-HxCDD 35.290    4013947 1.28   0.9040        58.3        58.3   0.2006   0.2006  58.33
  1,2,3,6,7,8-HxCDD 35.315       8636 1.30   1.1256      0.1911      0.1911   0.0379   0.0379
  1,2,3,7,8,9-HxCDD 35.726      10483 1.21   1.2327      0.2237      0.2237   0.0348   0.0348  M
A Non-2,3,7,8-sub-HxCDD 34.284      54733 1.24   1.1769       1.253       1.223   0.0364   0.7820  RQM
S Total HxCDD       1.668       1.638   0.0365   0.0365  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 37.893    3474638 0.45   0.9689        47.1        47.1   0.3397   0.3397  47.12
  1,2,3,4,6,7,8-HpCDF 37.918      26944 1.15   1.6176      0.4794      0.4794   0.0367   0.0367
D 13C-1,2,3,4,7,8,9-HpCDF 39.210    3802438 0.45   0.9231        54.1        54.1   0.3566   0.3566  54.12
  1,2,3,4,7,8,9-HpCDF 39.226       7513 1.04   1.4672      0.1469      0.1347   0.0329   0.0329  RQM
A Non-2,3,7,8-sub-HpCDF 38.556      51575 1.10   1.5424      0.9190      0.9190   0.0345   0.9190
S Total HpCDF       1.545       1.533   0.0348   0.0348  RQ

D 13C-1,2,3,4,6,7,8-HpCDD 38.899    3655431 1.05   0.9114        52.7        52.7   0.1473   0.1473  52.69
  1,2,3,4,6,7,8-HpCDD 38.908      98489 1.10   1.1237       2.398       2.398   0.0544   0.0544
A Non-2,3,7,8-sub-HpCDD 38.803     187811 1.04   1.1237       4.572       4.572   0.0544    4.572
S Total HpCDD       6.970       6.970   0.0544   0.0544

D 13C-OCDD 41.338    5551777 0.89   0.6272       116.3       116.3   0.2354   0.2354  58.14
  OCDF 41.430      58649 0.90   1.5416       1.371       1.371   0.0573   0.0573
  OCDD 41.346    2326412 0.88   1.1855        70.7        70.7   0.1630   0.1630

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Lims ID: 320-56911-A-6-A          
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Sample Type: Client
Inject. Date: 13-Dec-2019 21:23:00 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-6-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:47:11 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: messecara Date: 14-Dec-2019 01:09:52

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD a
331.9368 19.536 19.502    2    3452447     537091    695   1737    773 a
333.9338 19.536 19.502    2    4324855     684281    306    765   2236  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 18.646 18.611    2  0.954    2645100     426570    924   2310    462
317.9389 18.646 18.611    2  0.954    3306826     515335    492   1230   1047  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.672 18.637    2  1.001     211462      30853     99    247    312
305.8987 18.672 18.637    2  1.001     259923      40361    179    447    225  0.81(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 16.354 18.244 -113  0.877       7950       1649     99    247     17
Empc Correction       6799       1435     99    247     14

305.8987 16.337 18.244 -114  0.876       8831       1864    179    447     10  0.90(0.65-0.89)

303.9016 16.804 18.244  -86  0.901      12313       1976     99    247     20
305.8987 16.795 18.244  -87  0.901      14895       2311    179    447     13  0.83(0.65-0.89)

303.9016 17.210 18.244  -62  0.923       6815       1016     99    247     10
305.8987 17.202 18.244  -62  0.923       8335       1457    179    447      8  0.82(0.65-0.89)

303.9016 18.014 18.244  -14  0.966      90783      16017     99    247    162 M
305.8987 18.006 18.244  -14  0.966     119204      19919    179    447    111  0.76(0.65-0.89)

303.9016 19.415 18.244   70  1.041      16443       2641     99    247     27
305.8987 19.398 18.244   69  1.040      18554       2907    179    447     16  0.89(0.65-0.89)

303.9016 19.813 18.244   94  1.063       3594        642     99    247      6
Empc Correction       2769        629     99    247      6

305.8987 19.796 18.244   93  1.062       3597        818    179    447      5  1.00(0.65-0.89)

303.9016 21.758 18.244  210  1.167      15841       2497     99    247     25
Empc Correction      12462       1953     99    247     20

305.8987 21.732 18.244  209  1.166      16185       2537    179    447     14  0.98(0.65-0.89)
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDD
331.9368 19.882 19.848    2  1.018    1895223     278934    695   1737    401
333.9338 19.882 19.848    2  1.018    2275916     330957    306    765   1082  0.83(0.65-0.89)

2,3,7,8-TCDD M
319.8965 19.899 19.874    2  1.001      35209       6131    177    442     35
321.8936 19.908 19.874    2  1.001      48576       7624     40    100    191  0.72(0.65-0.89) M

37Cl4-2,3,7,8-TCDD
327.8847 19.908 19.882    2  1.019    4428709     663798    309    772   2148

A Non-2,3,7,8-sub-TCDD
319.8965 19.035     177     442
321.8936 19.035      40     100

13C-1,2,3,7,8-PeCDF
351.9000 25.801 25.760    2  1.321    3266328     560398    907   2267    618
353.8970 25.793 25.760    2  1.320    2041997     350011    612   1530    572  1.60(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 25.810 25.785    1  1.000       9751       1564     23     57     68
341.8567 25.818 25.785    2  1.001       5494       1147    100    250     11  1.77(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 27.219 27.177    2  1.393    3290197     515351    907   2267    568
353.8970 27.219 27.177    2  1.393    2133663     333042    612   1530    544  1.54(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 27.202      23      57
341.8567 27.202     100     250

A F1 PeCDFs

339.8597 22.389 23.266  -52  0.868       1569        332      7     17     47
341.8567 22.346 23.266  -55  0.866        945        239     54    135      4  1.66(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF
339.8597 26.724      23      57
341.8567 26.724     100     250

13C-1,2,3,7,8-PeCDD
367.8949 27.973 27.949    1  1.432    2043803     312053    202    505   1545
369.8919 27.982 27.949    2  1.432    1265219     183678    167    417   1100  1.62(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 27.965     104     260
357.8516 27.965      25      62

A Non-2,3,7,8-sub-PeCDD
355.8546 26.851     104     260
357.8516 26.851      25      62

13C-1,2,3,4,7,8-HxCDF
383.8639 33.739 33.714    2  0.945    1538810     266910    671   1677    398
385.8610 33.739 33.714    2  0.945    2895571     508323    869   2172    585  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 33.764 33.739    2  1.001      10035       2017     78    195     26
375.8178 33.764 33.739    2  1.001       7218       1535     45    112     34  1.39(1.05-1.43)

Page 520 of 1734



Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDF
383.8639 33.940 33.915    2  0.951    1741388     286083    671   1677    426
385.8610 33.940 33.915    2  0.951    3321116     555407    869   2172    639  0.52(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 33.957 33.932    2  1.000       4642        929     78    195     12
375.8178 33.957 33.932    2  1.000       3359        606     45    112     13  1.38(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 34.904 34.880    1  0.978    1557123     293088    671   1677    437
385.8610 34.904 34.880    1  0.978    2976181     549701    869   2172    633  0.52(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 34.905      78     195
375.8178 34.905      45     112

13C-1,2,3,7,8,9-HxCDF
383.8639 35.911 35.878    2  1.006    1428317     300975    671   1677    449
385.8610 35.911 35.878    2  1.006    2824479     589150    869   2172    678  0.51(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 35.919 35.894    1  1.000       3507        955     78    195     12
375.8178 35.911 35.894    1  1.000       2567        650     45    112     14  1.37(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF

373.8208 31.818 33.751 -116  0.943       5839        712     78    195      9
375.8178 31.876 33.751 -112  0.945       5024        723     45    112     16  1.16(1.05-1.43)

373.8208 32.992 33.751  -45  0.978      19343       2834     78    195     36
375.8178 33.009 33.751  -44  0.978      14816       2110     45    112     47  1.31(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 35.701 35.685    1    4249332     920530    607   1517   1517
403.8529 35.709 35.685    1    3362125     726825    588   1470   1236  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.164 35.131    2  0.985    1999973     445836    607   1517    734
403.8529 35.156 35.131    1  0.985    1589964     361194    588   1470    614  1.26(1.05-1.43)

1,2,3,4,7,8-HxCDD U
389.8158 35.148      65     162
391.8127 35.148      74     185

13C-1,2,3,6,7,8-HxCDD
401.8559 35.290 35.265    1  0.988    2254493     456020    607   1517    751
403.8529 35.290 35.265    1  0.988    1759454     356675    588   1470    607  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 35.315 35.282    2  1.001       4877        917     65    162     14
391.8127 35.324 35.282    2  1.001       3759        587     74    185      8  1.30(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8158 35.726 35.693    2  1.016       5733       1266     65    162     19 M
391.8127 35.701 35.693    0  1.015       4750        799     74    185     11  1.21(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQM

389.8158 32.892 34.284  -83  0.932      19119       2993     65    162     46 M
391.8127 32.908 34.284  -82  0.933      15874       2513     74    185     34  1.20(1.05-1.43)
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

389.8158 33.881 34.284  -24  0.960       3259        609     65    162      9
391.8127 33.856 34.284  -26  0.959       2389        457     74    185      6  1.36(1.05-1.43)

389.8158 34.301 34.284    1  0.972       7801       1333     65    162     21
391.8127 34.284 34.284    0  0.971       7645       1291     74    185     17  1.02(1.05-1.43) M

Empc Correction       6291       1074     74    185     15

13C-1,2,3,4,6,7,8-HpCDF
417.8250 37.893 37.877    1  1.061    1072817     255969    792   1980    323
419.8220 37.893 37.877    1  1.061    2401821     551794   1377   3442    401  0.45(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 37.918 37.886    2  1.001      14415       2927    141    352     21
409.7788 37.910 37.886    1  1.000      12529       2831     51    127     56  1.15(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.210 39.194    1  1.098    1184854     313278    792   1980    396
419.8220 39.210 39.194    1  1.098    2617584     681933   1377   3442    495  0.45(0.37-0.51)

1,2,3,4,7,8,9-HpCDF RQM
407.7817 39.226 39.202    1  1.000       4513       1118    141    352      8 M

Empc Correction       3830        998    141    352      7
409.7788 39.218 39.202    1  1.000       3683        960     51    127     19  1.23(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF

407.7817 38.295 38.556  -16  1.011      27012       6517    141    352     46
409.7788 38.295 38.556  -16  1.011      24563       6138     51    127    120  1.10(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 38.899 38.892    0  1.090    1874673     444474    521   1302    853
437.8140 38.899 38.892    0  1.090    1780758     434040    364    910   1192  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 38.908 38.901    0  1.000      51511      11252    129    322     87
425.7737 38.908 38.901    0  1.000      46978      10915     86    215    127  1.10(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7767 38.237 38.803  -34  0.983      95714      22582    129    322    175
425.7737 38.237 38.803  -34  0.983      92097      21569     86    215    251  1.04(0.88-1.20)

13C-OCDD
469.7780 41.338 41.345    0  1.158    2609873     489178    543   1357    901
471.7750 41.338 41.345    0  1.158    2941904     540918    430   1075   1258  0.89(0.76-1.02)

OCDF
441.7428 41.430 41.413    1  1.002      27784       5648     52    130    109
443.7399 41.422 41.413    1  1.002      30865       6436    130    325     50  0.90(0.76-1.02)

OCDD
457.7377 41.346 41.345    0  1.000    1088288     196546    189    472   1040
459.7348 41.346 41.345    0  1.000    1238124     226142    209    522   1082  0.88(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Lims ID: 320-56911-A-6-A
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Inject. Date: 13-Dec-2019 21:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 12

Non-2,3,7,8-sub-TCDF, RT: 18.244

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.233 D 13C-2,3,7,8-TCDF                        100.000         5951926          941905
Averages:

RRFn Qis Ris Area Ris Height
  1.233        100.000         5951926          941905

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

16.354              7950              1649              8831              1864      0.2286 0.90 RQ
16.354              6799              1435              8831              1864      0.2129 Empc Correction
16.804             12313              1976             14895              2311      0.3707 0.83
17.210              6815              1016              8335              1457      0.2064 0.82
18.014             90783             16017            119204             19919        2.86 0.76 M
19.415             16443              2641             18554              2907      0.4768 0.89
19.813              3594               642              3597               818      0.0980 1.00 RQ
19.813              2769               629              3597               818      0.0867 Empc Correction
21.758             15841              2497             16185              2537      0.4363 0.98 RQ
21.758             12462              1953             16185              2537      0.3903 Empc Correction
Signal Totals:

           148384             25667            189601             31813
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           343340             58251 0.81 RQM
           337985             57480 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.678 = (343340 * 100.000) / (5951926 * 1.233)
Empc Amount:          4.605 = (337985 * 100.000) / (5951926 * 1.233)
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Lims ID: 320-56911-A-6-A
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Inject. Date: 13-Dec-2019 21:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 12

F1 PeCDFs, RT: 23.266

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         5308325          910409
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         5423860          848393
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         5366092          879401

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

22.389              1569               332               945               239      0.0398 1.66
Signal Totals:

             1569               332               945               239
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             2514               571 1.66

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.0398 = (2514 * 100.000) / (5366092 * 1.178)
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Lims ID: 320-56911-A-6-A
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Inject. Date: 13-Dec-2019 21:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 12

Non-2,3,7,8-sub-HxCDF, RT: 33.751

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.302 D 13C-1,2,3,4,7,8-HxCDF                   100.000         4434381          775233
  1,2,3,6,7,8-HxCDF                  1.291 D 13C-1,2,3,6,7,8-HxCDF                   100.000         5062504          841490
  2,3,4,6,7,8-HxCDF                  1.304 D 13C-2,3,4,6,7,8-HxCDF                   100.000         4533304          842789
  1,2,3,7,8,9-HxCDF                  1.333 D 13C-1,2,3,7,8,9-HxCDF                   100.000         4252796          890125
Averages:

RRFn Qis Ris Area Ris Height
  1.307        100.000         4570746          837409

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

31.818              5839               712              5024               723      0.1818 1.16
32.992             19343              2834             14816              2110      0.5716 1.31
Signal Totals:

            25182              3546             19840              2833
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            45022              6379 1.27

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7534 = (45022 * 100.000) / (4570746 * 1.307)
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Lims ID: 320-56911-A-6-A
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Inject. Date: 13-Dec-2019 21:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 12

Non-2,3,7,8-sub-HxCDD, RT: 34.284

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.172 D 13C-1,2,3,4,7,8-HxCDD                   100.000         3589937          807030
  1,2,3,6,7,8-HxCDD                  1.126 D 13C-1,2,3,6,7,8-HxCDD                   100.000         4013947          812695
  1,2,3,7,8,9-HxCDD                  1.233
Averages:

RRFn Qis Ris Area Ris Height
  1.177        100.000         3801942          809862

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

32.892             19119              2993             15874              2513      0.7820 1.20 M
33.881              3259               609              2389               457      0.1262 1.36
34.301              7801              1333              7645              1291      0.3452 1.02 RQM
34.301              7801              1333              6291              1074      0.3149 Empc Correction
Signal Totals:

            30179              4935             24554              4044
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            56087              9196 1.16 RQM
            54733              8979 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.253 = (56087 * 100.000) / (3801942 * 1.177)
Empc Amount:          1.223 = (54733 * 100.000) / (3801942 * 1.177)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 09:47:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Lims ID: 320-56911-A-6-A
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Inject. Date: 13-Dec-2019 21:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 12

Non-2,3,7,8-sub-HpCDF, RT: 38.556

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.618 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000         3474638          807763
  1,2,3,4,7,8,9-HpCDF                1.467 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000         3802438          995211
Averages:

RRFn Qis Ris Area Ris Height
  1.542        100.000         3638538          901487

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

38.295             27012              6517             24563              6138      0.9190 1.10
Signal Totals:

            27012              6517             24563              6138
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            51575             12655 1.10

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9190 = (51575 * 100.000) / (3638538 * 1.542)
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Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Lims ID: 320-56911-A-6-A
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Inject. Date: 13-Dec-2019 21:23:00 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 12

Non-2,3,7,8-sub-HpCDD, RT: 38.803

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.124 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000         3655431          878514
Averages:

RRFn Qis Ris Area Ris Height
  1.124        100.000         3655431          878514

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

38.237             95714             22582             92097             21569        4.57 1.04
Signal Totals:

            95714             22582             92097             21569
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           187811             44151 1.04

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.572 = (187811 * 100.000) / (3655431 * 1.124)
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-6-A          Lab Sample ID: 320-56911-6              
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1(14.07 :22.11 )

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 14.72- 21.77)
Signal: 1

Processing Integration Results
RT = 18.014 Area = 96421
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Manual Integration Results
RT = 18.014 Area = 90783 M
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Reviewer: dadunj, 17-Dec-2019 09:44:10
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-6-A          Lab Sample ID: 320-56911-6              
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1(14.07 :22.11 )

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  19.91
Area: 46795
Amount:    1.639939
Amount Units: pg/ul
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Manual Integration Results
RT:  19.91
Area: 48576
Amount:    1.675556
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:44:25
Audit Action: Manually Integrated Audit Reason: Baseline

Page 533 of 1734
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-6-A          Lab Sample ID: 320-56911-6              
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  35.73
Area: 6676
Amount:    0.243800
Amount Units: pg/ul
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Manual Integration Results
RT:  35.73
Area: 5733
Amount:    0.223679
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:45:00
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-6-A          Lab Sample ID: 320-56911-6              
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8158, RT: ( 32.88- 35.68)
Signal: 1

Processing Integration Results
RT = 32.892 Area = 19676
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Manual Integration Results
RT = 32.892 Area = 19119 M
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Reviewer: dadunj, 17-Dec-2019 09:45:11
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-6-A          Lab Sample ID: 320-56911-6              
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3(29.31 :34.00 )

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 32.88- 35.68)
Signal: 2

Processing Integration Results
RT = 34.284 Area = 9319
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Manual Integration Results
RT = 34.284 Area = 7645 M
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Reviewer: dadunj, 17-Dec-2019 09:45:14
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Instrument ID: DFS 1
Lims ID: 320-56911-A-6-A          Lab Sample ID: 320-56911-6              
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4(34.11 :36.51 )

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  39.23
Area: 5170
Amount:    0.158684
Amount Units: pg/ul
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Manual Integration Results
RT:  39.23
Area: 4513
Amount:    0.146908
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:46:17
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          18.67

Non-2,3,7,8-sub-TCDF
          21.7617.56

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          18.67

Non-2,3,7,8-sub-TCDF
          21.73

TCDF Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          18.65

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          18.65

19.1717.98 22.86

Page 538 of 1734



Report Date: 17-Dec-2019 09:47:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          19.90

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

0)

F1:m/z     321.8936:SG5Pt_x1
2,3,7,8-TCDD
          19.91

20.5417.9615.54

TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          19.54

13C-2,3,7,8-TCDD
          19.88

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1
13C-1,2,3,4-TCDD
          19.54

13C-2,3,7,8-TCDD
          19.88

20.62
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Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
0)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          19.91

14.07 17.8215.76

37Cl4-TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          19.54

13C-2,3,7,8-TCDD
          19.88

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1

13C-1,2,3,4-TCDD
          19.54

13C-2,3,7,8-TCDD
          19.88

20.62
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Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

4

7

10

13

16

19

22

25

28

31

34

37

40

43

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  22.39

22.4821.33

19.92
23.9519.3514.79

21.82
23.1615.10

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

4

7

10

13

16

19

22

25

28

31

34

37

40

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  22.35
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Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

5

9

13

17

21

25

29

33

37

41

45

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  22.39

22.4821.33

19.92
23.9519.3514.79 21.82

23.16

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

5

9

13

17

21

25

29

33

37

41

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  22.35

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

4

7

10

13

16

19

22

25

28

31

34

Y
 ( 

X
10

)

F1:m/z     409.7974:SG5Pt_x1

20.32

17.97
19.47 21.7815.59 16.99 22.5320.6814.75
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Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          25.81

27.2424.43

26.36
27.54 29.1524.67

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          25.82

PeCDF Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.80

26.35

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.79

26.35
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Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.81

27.2424.43

26.36
27.54

26.13 29.1524.67

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.82

PeCDF Interference Mass

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

1

4

7

10

13

16

19

22

25

28

31

Y
 ( 

X
10

)

F2:m/z     409.7974:SG5Pt_x1

27.81

25.18

28.0826.15 26.32 29.3325.23
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Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

2

11

20

29

38

47

56

65

Y
 ( 

X
10

)

F2:m/z     355.8546:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

1

6

11

16

21

26

31

36

41

Y
 ( 

X
10

)

F2:m/z     357.8516:SG5Pt_x1

28.96
26.22

26.81

PeCDD Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.97

25.91 28.47

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

-1

2

5

8

11

14

17

20

23

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.98

25.97
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Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1
Non-2,3,7,8-sub-HxCDF
          32.99

1,2,3,7,8,9-HxCDF
          35.921,2,3,6,7,8-HxCDF

          33.96
Non-2,3,7,8-sub-HxCDF
          31.82

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1
Non-2,3,7,8-sub-HxCDF
          33.01

Non-2,3,7,8-sub-HxCDF
          31.88

HxCDF Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.9113C-1,2,3,6,7,8-HxCDF

          33.94

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.9113C-1,2,3,6,7,8-HxCDF

          33.94
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Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          32.99

1,2,3,4,7,8-HxCDF
          33.76

1,2,3,7,8,9-HxCDF
          35.921,2,3,6,7,8-HxCDF

          33.96Non-2,3,7,8-sub-HxCDF
          31.82

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          33.01

1,2,3,4,7,8-HxCDF
          33.76

Non-2,3,7,8-sub-HxCDF
          31.88

HxCDF Interference Mass

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

)

F3:m/z     445.7555:SG5Pt_x1
32.42

34.78

32.93 34.85

31.05

35.11
32.46 34.01 36.84
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

0)

F3:m/z     389.8158:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.89

Non-2,3,7,8-sub-HxCDD
          34.30

34.90 35.8833.14

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

0)

F3:m/z     391.8127:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          32.91

Non-2,3,7,8-sub-HxCDD
          34.28

34.49

HxCDD Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.70

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

11

22

33

44

55

66

77

88

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.71
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Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

0)

F4:m/z     407.7817:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.30

1,2,3,4,6,7,8-HpCDF
          37.92

1,2,3,4,7,8,9-HpCDF
          39.23

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

0)

F4:m/z     409.7788:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          38.30

1,2,3,4,6,7,8-HpCDF
          37.91

1,2,3,4,7,8,9-HpCDF
          39.22

37.81

HpCDF Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.21

13C-1,2,3,4,6,7,8-HpCDF
          37.89

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.21

13C-1,2,3,4,6,7,8-HpCDF
          37.89
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

0)

F4:m/z     407.7817:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.30

1,2,3,4,6,7,8-HpCDF
          37.92

1,2,3,4,7,8,9-HpCDF
          39.23

39.41

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

0)

F4:m/z     409.7788:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.30

1,2,3,4,6,7,8-HpCDF
          37.91

1,2,3,4,7,8,9-HpCDF
          39.22

37.81

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

1

8

15

22

29

36

43

50

57

64

71

Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 17-Dec-2019 09:47:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
)

F4:m/z     423.7767:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.24

1,2,3,4,6,7,8-HpCDD
          38.91

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          38.24

1,2,3,4,6,7,8-HpCDD
          38.91

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.90

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.90
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Report Date: 17-Dec-2019 09:47:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.43

44.5641.61

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.42

OCDF Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.34

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.34
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Report Date: 17-Dec-2019 09:47:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.43

44.5641.61

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.42

OCDF Interference Mass

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-2

4

10

16

22

28

34

40

46

52

58

64

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1

41.65

43.40
41.32

43.94
42.5142.18

41.14 44.17 44.69
43.6743.06

41.69 44.24
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Report Date: 17-Dec-2019 09:47:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.35

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.35

OCDD Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.34

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.34
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Report Date: 17-Dec-2019 09:47:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1
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Report Date: 17-Dec-2019 09:47:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_13.d
Injection Date: 13-Dec-2019 21:23:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345338 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (1-2) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-6 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_007.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/16/2019  23:13

Low2(uL)

20(uL)

% Moisture: 24.8

Sample wt/vol: 10.21(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.4151207-31-9 2,3,7,8-TCDF 20

%RECCAS NO. LIMITSQISOTOPE DILUTION

54 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

105 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_007.d
Lims ID: 320-56911-A-6-A          
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Sample Type: Client
Inject. Date: 16-Dec-2019 23:13:21 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-6-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:33:44

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.393   66597224 0.74  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.587   47880831 0.78   1.3379        53.7        53.7   0.3648   0.3648  53.74
  2,3,7,8-TCDF 16.601    3086551 0.80   0.8389       7.684       7.684   0.1558   0.1558
D 13C-2,3,7,8-TCDD 15.133   31490253 0.76   0.9388        50.4        50.4   0.5894   0.5894  50.37
  2,3,7,8-TCDD 15.146     674862 0.72   1.1538       1.857       1.857   0.1622   0.1622
$ 37Cl4-2,3,7,8-TCDD 15.160   33150200   1.1816        42.1        42.1   0.0783   0.0783    105

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 17-Dec-2019 09:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_007.d
Lims ID: 320-56911-A-6-A          
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Sample Type: Client
Inject. Date: 16-Dec-2019 23:13:21 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-6-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:33:44

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.393 15.383    1   28305562    6064319  18904  47260    321
333.9339 15.393 15.383    1   38291662    8149942  12557  31392    649  0.74(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.587 16.576    1  1.078   20969008    3964010  16906  42265    234
317.9389 16.587 16.576    1  1.078   26911823    5093864  10844  27110    470  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.601 16.590    1  1.001    1368890     261371   2067   5167    126
305.8987 16.601 16.590    1  1.001    1717661     316355   2668   6670    119  0.80(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.133 15.122    1  0.983   13633979    2693179  18904  47260    142
333.9339 15.133 15.122    1  0.983   17856274    3774870  12557  31392    301  0.76(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.146 15.149    0  1.001     283409      49094   3254   8135     15
321.8936 15.160 15.149    1  1.002     391453      67850   1588   3970     43  0.72(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.160 15.149    1  0.985   33150200    6819894   5263  13157   1296

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 17-Dec-2019 09:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_007.d
Injection Date: 16-Dec-2019 23:13:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345960 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          16.60

15.12

17.27 18.9914.06 15.37

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.60

15.11

17.26 18.9915.59

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.59

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.59
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Report Date: 17-Dec-2019 09:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_007.d
Injection Date: 16-Dec-2019 23:13:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345960 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

2

5

8

11

14

17

20

23

26

29

32

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-3

5

13

21

29

37

45

53

61

69

77

85

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 17-Dec-2019 09:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_007.d
Injection Date: 16-Dec-2019 23:13:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345960 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

7

15

23

31

39

47

55

63

71

79

Y
 ( 

X
10

00
00

)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y
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Report Date: 17-Dec-2019 09:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_007.d
Injection Date: 16-Dec-2019 23:13:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (1-2)
Worklist#: 345960 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
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F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (2-4)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-7

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_7.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  16:21

Low2(uL)

20(uL)

% Moisture: 21.6

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 345335 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.131746-01-6 2,3,7,8-TCDD 9.7

6.3 0.1840321-76-4 1,2,3,7,8-PeCDD ND

6.3 0.11J57117-41-6 1,2,3,7,8-PeCDF 1.2

6.3 0.11J57117-31-4 2,3,4,7,8-PeCDF 0.61

6.3 0.090J39227-28-6 1,2,3,4,7,8-HxCDD 0.24

6.3 0.091J B q57653-85-7 1,2,3,6,7,8-HxCDD 0.21

6.3 0.082J19408-74-3 1,2,3,7,8,9-HxCDD 0.44

6.3 0.13J70648-26-9 1,2,3,4,7,8-HxCDF 3.3

6.3 0.13J57117-44-9 1,2,3,6,7,8-HxCDF 0.82

6.3 0.10J72918-21-9 1,2,3,7,8,9-HxCDF 0.46

6.3 0.1060851-34-5 2,3,4,6,7,8-HxCDF ND

6.3 0.15J B35822-46-9 1,2,3,4,6,7,8-HpCDD 6.1

6.3 0.068J67562-39-4 1,2,3,4,6,7,8-HpCDF 1.1

6.3 0.077J55673-89-7 1,2,3,4,7,8,9-HpCDF 0.56

13 0.24B3268-87-9 OCDD 180

13 0.10J B39001-02-0 OCDF 4.1

1.3 0.13q41903-57-5 Total TCDD 11

1.3 0.2530402-14-3 Total TCDF 68

6.3 0.1836088-22-9 Total PeCDD ND

6.3 0.11J q30402-15-4 Total PeCDF 2.7

6.3 0.088J B q34465-46-8 Total HxCDD 5.0

6.3 0.12J55684-94-1 Total HxCDF 4.6

6.3 0.15B37871-00-4 Total HpCDD 22

6.3 0.072J B38998-75-3 Total HpCDF 2.5

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (2-4)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-7

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_7.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  16:21

Low2(uL)

20(uL)

% Moisture: 21.6

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 345335 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

54 25-16476523-40-5 13C-2,3,7,8-TCDD

51 24-16989059-46-1 13C-2,3,7,8-TCDF

58 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

51 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

55 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

62 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

53 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

55 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

48 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

51 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

51 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

62 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

53 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

63 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

70 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

95 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Lims ID: 320-56911-A-7-A          
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Sample Type: Client
Inject. Date: 13-Dec-2019 16:21:47 ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-7-A  320-56911-A-7-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 08:45:26 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 13-Dec-2019 17:44:47

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.886   50983376 0.76  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.372   34442495 0.76   1.3318        50.7        50.7   0.1155   0.1155  50.72
  2,3,7,8-TCDF 17.402    4825953 0.75   0.9005        15.6        15.6   0.0990   0.0990
A Non-2,3,7,8-sub-TCDF 17.062    3506759 0.78   0.9005        11.3        11.3   0.0990    6.500  a
S Total TCDF        26.9        26.9   0.0990   0.0990

D 13C-2,3,7,8-TCDD 18.083   26543866 0.80   0.9647        54.0        54.0   0.1291   0.1291  53.97
  2,3,7,8-TCDD 18.098    1089163 0.79   1.0698       3.836       3.836   0.0503   0.0503  M
$ 37Cl4-2,3,7,8-TCDD 18.098   25356201   1.3082        38.0        38.0   0.0322   0.0322  95.04

A Non-2,3,7,8-sub-TCDD 17.516     161199 0.77   1.0698      0.6288      0.5677   0.0503   0.3800  RQMa
S Total TCDD       4.464       4.403   0.0503   0.0503  RQ

D 13C-1,2,3,7,8-PeCDF 22.399   27138529 1.61   1.0537        50.5        50.5   0.1112   0.1112  50.52
  1,2,3,7,8-PeCDF 22.427     128570 1.45   0.9704      0.4882      0.4882   0.0455   0.0455
D 13C-2,3,4,7,8-PeCDF 23.750   28426390 1.56   1.0173        54.8        54.8   0.1152   0.1152  54.81
  2,3,4,7,8-PeCDF 23.777      68292 1.57   0.9986      0.2406      0.2406   0.0446   0.0446
A F1 PeCDFs 19.776   0.0386   0.0386
A Non-2,3,7,8-sub-PeCDF 22.933      92778 1.55   0.9845      0.3493      0.3392   0.0451   0.2257  RQ
S Total PeCDF       1.078       1.068   0.0451   0.0451  RQ

D 13C-1,2,3,7,8-PeCDD 24.472   21559906 1.59   0.7281        58.1        58.1   0.0850   0.0850  58.08
  1,2,3,7,8-PeCDD 24.472   0.0726   0.0726
A Non-2,3,7,8-sub-PeCDD 23.368   0.0726   0.0726
S Total PeCDD   0.0726   0.0726

D 13C-1,2,3,4,7,8-HxCDF 30.570   21120443 0.50   0.9632        54.6        54.6   0.1481   0.1481  54.59
  1,2,3,4,7,8-HxCDF 30.597     287277 1.20   1.0315       1.319       1.319   0.0513   0.0513
D 13C-1,2,3,6,7,8-HxCDF 30.756   20606800 0.51   1.0646        48.2        48.2   0.1340   0.1340  48.19
  1,2,3,6,7,8-HxCDF 30.770      68713 1.15   1.0235      0.3258      0.3258   0.0523   0.0523
D 13C-2,3,4,6,7,8-HxCDF 31.582   19802913 0.50   0.9696        50.8        50.8   0.1472   0.1472  50.84
  2,3,4,6,7,8-HxCDF 31.568   0.0401   0.0401
D 13C-1,2,3,7,8,9-HxCDF 32.380   18494519 0.50   0.8955        51.4        51.4   0.1593   0.1593  51.41
  1,2,3,7,8,9-HxCDF 32.487      35960 1.21   1.0664      0.1823      0.1823   0.0395   0.0395
A Non-2,3,7,8-sub-HxCDF 30.237   0.0451   0.0451

Page 567 of 1734



Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF       1.827       1.827   0.0458   0.0458

* 13C-1,2,3,7,8,9-HxCDD 32.207   40171396 1.25  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.768   18951735 1.25   0.7590        62.2        62.2   0.1611   0.1611  62.16
  1,2,3,4,7,8-HxCDD 31.781      17939 1.13   1.0054      0.0941      0.0941   0.0356   0.0356  M
D 13C-1,2,3,6,7,8-HxCDD 31.875   19782969 1.27   0.9247        53.3        53.3   0.1322   0.1322  53.26
  1,2,3,6,7,8-HxCDD 31.888      16294 1.24   0.9833      0.0933      0.0838   0.0363   0.0363  RQMa
  1,2,3,7,8,9-HxCDD 32.221      37332 1.14   1.1036      0.1747      0.1747   0.0324   0.0324
A Non-2,3,7,8-sub-HxCDD 30.870     325080 1.16   1.0308       1.628       1.628   0.0347    1.213  M
S Total HxCDD       1.991       1.981   0.0348   0.0348  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.805   16816716 0.44   0.7930        52.8        52.8   0.2786   0.2786  52.79
  1,2,3,4,6,7,8-HpCDF 33.817     104624 1.08   1.4240      0.4369      0.4369   0.0270   0.0270  M
D 13C-1,2,3,4,7,8,9-HpCDF 34.874   18394421 0.42   0.7296        62.8        62.8   0.3028   0.3028  62.76
  1,2,3,4,7,8,9-HpCDF 34.886      51982 0.96   1.2834      0.2202      0.2202   0.0304   0.0304
A Non-2,3,7,8-sub-HpCDF 34.340      76197 1.01   1.3537      0.3197      0.3197   0.0286   0.3197
S Total HpCDF      0.9768      0.9768   0.0287   0.0287

D 13C-1,2,3,4,6,7,8-HpCDD 34.595   18753592 1.04   0.7532        62.0        62.0   0.1671   0.1671  61.98
  1,2,3,4,6,7,8-HpCDD 34.595     462362 1.01   1.0174       2.423       2.423   0.0600   0.0600
A Non-2,3,7,8-sub-HpCDD 34.309    1234154 1.06   1.0174       6.468       6.468   0.0600    6.468
S Total HpCDD       8.892       8.892   0.0600   0.0600

D 13C-OCDD 36.915   31410493 0.88   0.5621       139.1       139.1   0.1023   0.1023  69.56
  OCDF 37.011     332625 0.83   1.3047       1.623       1.623   0.0402   0.0402
  OCDD 36.927   12271999 0.89   1.0997        71.1        71.1   0.0944   0.0944

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Lims ID: 320-56911-A-7-A          
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Sample Type: Client
Inject. Date: 13-Dec-2019 16:21:47 ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-7-A  320-56911-A-7-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 08:45:26 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 13-Dec-2019 17:44:47

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.886 17.856    2   21939399    5481184   3654   9135   1500
333.9339 17.886 17.856    2   29043977    7197808   2662   6655   2704  0.76(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.372 17.357    1  0.971   14895017    3708537   4733  11832    784
317.9389 17.372 17.357    1  0.971   19547478    4908114   3070   7675   1599  0.76(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.402 17.372    2  1.002    2071524     482809   1323   3307    365
305.8987 17.402 17.372    2  1.002    2754429     638017   1749   4372    365  0.75(0.65-0.89)

A Non-2,3,7,8-sub-TCDF a

303.9016 15.981 17.062  -65  0.920      51193      13644   1323   3307     10
305.8987 15.981 17.062  -65  0.920      68578      18916   1749   4372     11  0.75(0.65-0.89)

303.9016 16.253 17.062  -48  0.936      81843      15579   1323   3307     12
305.8987 16.268 17.062  -48  0.936     111060      23460   1749   4372     13  0.74(0.65-0.89)

303.9016 16.495 17.062  -34  0.950      68992      17249   1323   3307     13
305.8987 16.480 17.062  -35  0.949      84895      23061   1749   4372     13  0.81(0.65-0.89)

303.9016 16.737 17.062  -19  0.963      87827      18359   1323   3307     14
305.8987 16.722 17.062  -20  0.963     107045      24157   1749   4372     14  0.82(0.65-0.89)

303.9016 17.009 17.062   -3  0.979     876096     217038   1323   3307    164
305.8987 17.009 17.062   -3  0.979    1139878     280782   1749   4372    161  0.77(0.65-0.89)

303.9016 17.236 17.062   10  0.992      44239      11166   1323   3307      8
305.8987 17.236 17.062   10  0.992      50781      10923   1749   4372      6  0.87(0.65-0.89)

303.9016 17.826 17.062   46  1.026     141647      29184   1323   3307     22
305.8987 17.826 17.062   46  1.026     177785      43573   1749   4372     25  0.80(0.65-0.89)
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 18.083 17.062   61  1.041      34932       7059   1323   3307      5
305.8987 18.083 17.062   61  1.041      45898      10260   1749   4372      6  0.76(0.65-0.89)

303.9016 19.232 17.062  130  1.107     153322      34246   1323   3307     26 a
305.8987 19.232 17.062  130  1.107     180748      37634   1749   4372     22  0.85(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 18.083 18.052    2  1.011   11782329    2854559   3654   9135    781
333.9339 18.083 18.052    2  1.011   14761537    3589381   2662   6655   1348  0.80(0.65-0.89)

2,3,7,8-TCDD M
319.8965 18.098 18.068    2  1.001     479753     109443    844   2110    130 M
321.8936 18.098 18.068    2  1.001     609410     145013    542   1355    268  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 18.098 18.068    2  1.012   25356201    5934575   2134   5335   2781

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 16.949 17.516  -34  0.937      16486       3315    844   2110      4
321.8936 16.964 17.516  -33  0.938      20582       4732    542   1355      9  0.80(0.65-0.89)

319.8965 18.022 17.516   30  0.997       7088       2341    844   2110      3 M
321.8936 18.007 17.516   29  0.996       9132       3414    542   1355      6  0.78(0.65-0.89)

319.8965 18.476 17.516   57  1.022      64313      10041    844   2110     12
Empc Correction      46944       9344    844   2110     11

321.8936 18.461 17.516   57  1.021      60967      12136    542   1355     22  1.05(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.399 22.372    2  1.252   16745050    2982331   3528   8820    845
353.8970 22.399 22.372    2  1.252   10393479    1823406   2417   6042    754  1.61(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.427 22.400    2  1.001      76175      12626    406   1015     31
341.8567 22.440 22.400    2  1.002      52395       7922    443   1107     18  1.45(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.750 23.722    2  1.328   17323050    2905306   3528   8820    823
353.8970 23.750 23.722    2  1.328   11103340    1855817   2417   6042    768  1.56(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.777 23.750    2  1.001      41765       8125    406   1015     20
341.8567 23.777 23.750    2  1.001      26527       4375    443   1107     10  1.57(1.32-1.78)

A F1 PeCDFs
339.8597 19.776     281     702
341.8567 19.776     447    1117

A Non-2,3,7,8-sub-PeCDF RQ

339.8597 21.063 22.933 -112  0.940      38300       6972    406   1015     17
341.8567 21.063 22.933 -112  0.940      23443       5201    443   1107     12  1.63(1.32-1.78)

339.8597 22.958 22.933    2  1.025      18865       3212    406   1015      8
341.8567 22.972 22.933    2  1.026      14925       3086    443   1107      7  1.26(1.32-1.78)

Empc Correction      12170       2072    443   1107      5

13C-1,2,3,7,8-PeCDD
367.8949 24.472 24.445    2  1.368   13225641    2056969   1709   4272   1204
369.8919 24.472 24.445    2  1.368    8334265    1310825   1429   3572    917  1.59(1.32-1.78)
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDD
355.8546 24.472     599    1497
357.8516 24.472     381     952

A Non-2,3,7,8-sub-PeCDD
355.8546 23.368     599    1497
357.8516 23.368     381     952

13C-1,2,3,4,7,8-HxCDF
383.8639 30.570 30.543    2  0.949    7048258    1311218   2083   5207    629
385.8610 30.570 30.543    2  0.949   14072185    2673640   4002  10005    668  0.50(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.597 30.557    2  1.001     156509      31164    502   1255     62
375.8178 30.583 30.557    2  1.000     130768      27017    342    855     79  1.20(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.756 30.716    2  0.955    6917736    1333140   2083   5207    640
385.8610 30.756 30.716    2  0.955   13689064    2606421   4002  10005    651  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.770 30.743    2  1.000      36732       6982    502   1255     14
375.8178 30.783 30.743    2  1.001      31981       5704    342    855     17  1.15(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.582 31.555    2  0.981    6626525    1655326   2083   5207    795
385.8610 31.582 31.555    2  0.981   13176388    3286820   4002  10005    821  0.50(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.568     502    1255
375.8178 31.568     342     855

13C-1,2,3,7,8,9-HxCDF
383.8639 32.380 32.367    1  1.005    6127529    1675391   2083   5207    804
385.8610 32.380 32.367    1  1.005   12366990    3327775   4002  10005    832  0.50(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.487 32.380    6  1.003      19690       3041    502   1255      6
375.8178 32.407 32.380    2  1.001      16270       2374    342    855      7  1.21(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 30.237     502    1255
375.8178 30.237     342     855

13C-1,2,3,7,8,9-HxCDD
401.8559 32.207 32.181    2   22347709    5927255   2784   6960   2129
403.8529 32.194 32.181    1   17823687    4733821   2429   6072   1949  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.768 31.741    2  0.986   10521709    2841483   2784   6960   1021
403.8529 31.768 31.741    2  0.986    8430026    2222973   2429   6072    915  1.25(1.05-1.43)

1,2,3,4,7,8-HxCDD M
389.8157 31.781 31.755    2  1.000       9520       2376    352    880      7 M
391.8127 31.795 31.755    2  1.001       8419       2065    374    935      6  1.13(1.05-1.43) M

13C-1,2,3,6,7,8-HxCDD
401.8559 31.875 31.848    2  0.990   11087086    2841215   2784   6960   1021
403.8529 31.875 31.848    2  0.990    8695883    2250512   2429   6072    927  1.27(1.05-1.43)
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDD RQMa
389.8157 31.888 31.861    2  1.000       9020       1999    352    880      6 M
391.8127 31.888 31.861    2  1.000       9136       1592    374    935      4  0.99(1.05-1.43)

Empc Correction       7274       1612    374    935      4

1,2,3,7,8,9-HxCDD
389.8157 32.221 32.194    2  1.014      19886       3677    352    880     10
391.8127 32.194 32.194    0  1.013      17446       3025    374    935      8  1.14(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD M

389.8157 29.585 30.870  -77  0.928     129386      16338    352    880     46
391.8127 29.638 30.870  -74  0.930     112758      13656    374    935     37  1.15(1.05-1.43)

389.8157 31.036 30.870   10  0.974      45343       8081    352    880     23
391.8127 31.036 30.870   10  0.974      37593       6915    374    935     18  1.21(1.05-1.43) M

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.805 33.780    1  1.050    5100136    1785659   2711   6777    659
419.8220 33.805 33.780    1  1.050   11716580    4035196   6710  16775    601  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7818 33.817 33.793    1  1.000      54348      18616    553   1382     34 M
409.7789 33.817 33.793    1  1.000      50276      16852    342    855     49  1.08(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.874 34.862    1  1.083    5433738    1739092   2711   6777    641
419.8220 34.874 34.862    1  1.083   12960683    3997834   6710  16775    596  0.42(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.886 34.862    1  1.000      25403       6675    553   1382     12
409.7789 34.886 34.862    1  1.000      26579       8132    342    855     24  0.96(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF

407.7818 34.109 34.340  -14  1.009      38292      12247    553   1382     22
409.7789 34.121 34.340  -13  1.009      37905      10797    342    855     32  1.01(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.595 34.570    1  1.074    9576070    3009072   2839   7097   1060
437.8140 34.595 34.570    1  1.074    9177522    2905066   2528   6320   1149  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.595 34.583    1  1.000     231821      71393    749   1872     95
425.7737 34.595 34.583    1  1.000     230541      69291    696   1740    100  1.01(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 34.060 34.309  -15  0.985     634600     200400    749   1872    268
425.7737 34.060 34.309  -15  0.985     599554     189453    696   1740    272  1.06(0.88-1.20)

13C-OCDD
469.7779 36.915 36.891    1  1.146   14735896    4018981   1223   3057   3286
471.7750 36.915 36.891    1  1.146   16674597    4490229   1230   3075   3651  0.88(0.76-1.02)

OCDF
441.7428 37.011 36.999    1  1.003     150984      36323    340    850    107
443.7399 37.011 36.999    1  1.003     181641      45281    553   1382     82  0.83(0.76-1.02)

OCDD
457.7377 36.927 36.903    1  1.000    5783325    1525036    898   2245   1698
459.7348 36.915 36.903    1  1.000    6488674    1709746    868   2170   1970  0.89(0.76-1.02)
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Lims ID: 320-56911-A-7-A
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Inject. Date: 13-Dec-2019 16:21:47 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDF, RT: 17.062

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.901 D 13C-2,3,7,8-TCDF                        100.000        34442495         8616651
Averages:

RRFn Qis Ris Area Ris Height
  0.901        100.000        34442495         8616651

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.981             51193             13644             68578             18916      0.3862 0.75
16.253             81843             15579            111060             23460      0.6219 0.74
16.495             68992             17249             84895             23061      0.4962 0.81
16.737             87827             18359            107045             24157      0.6283 0.82
17.009            876096            217038           1139878            280782        6.50 0.77
17.236             44239             11166             50781             10923      0.3064 0.87
17.826            141647             29184            177785             43573        1.03 0.80
18.083             34932              7059             45898             10260      0.2606 0.76
19.232            153322             34246            180748             37634        1.08 0.85 a
Signal Totals:

          1540091            363524           1966668            472766
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          3506759            836290 0.78 a

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         11.306 = (3506759 * 100.000) / (34442495 * 0.901)

QC Flag Legend

Review Flags
a - User Assigned ID
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Lims ID: 320-56911-A-7-A
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Inject. Date: 13-Dec-2019 16:21:47 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDD, RT: 17.516

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.070 D 13C-2,3,7,8-TCDD                        100.000        26543866         6443940
Averages:

RRFn Qis Ris Area Ris Height
  1.070        100.000        26543866         6443940

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.949             16486              3315             20582              4732      0.1305 0.80
18.022              7088              2341              9132              3414      0.0571 0.78 Ma
18.476             64313             10041             60967             12136      0.4412 1.05 RQ
18.476             46944              9344             60967             12136      0.3800 Empc Correction
Signal Totals:

            70518             15000             90681             20282
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           178568             35979 0.97 RQMa
           161199             35282 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.6288 = (178568 * 100.000) / (26543866 * 1.070)
Empc Amount:         0.5677 = (161199 * 100.000) / (26543866 * 1.070)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Lims ID: 320-56911-A-7-A
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Inject. Date: 13-Dec-2019 16:21:47 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 7

Non-2,3,7,8-sub-PeCDF, RT: 22.933

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    0.970 D 13C-1,2,3,7,8-PeCDF                     100.000        27138529         4805737
  2,3,4,7,8-PeCDF                    0.999 D 13C-2,3,4,7,8-PeCDF                     100.000        28426390         4761123
Averages:

RRFn Qis Ris Area Ris Height
  0.984        100.000        27782459         4783430

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

21.063             38300              6972             23443              5201      0.2257 1.63
22.958             18865              3212             14925              3086      0.1235 1.26 RQ
22.958             18865              3212             12170              2072      0.1135 Empc Correction
Signal Totals:

            57165             10184             35613              7273
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            95533             18471 1.49 RQ
            92778             17457 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3493 = (95533 * 100.000) / (27782459 * 0.984)
Empc Amount:         0.3392 = (92778 * 100.000) / (27782459 * 0.984)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Lims ID: 320-56911-A-7-A
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Inject. Date: 13-Dec-2019 16:21:47 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 7

Non-2,3,7,8-sub-HxCDD, RT: 30.870

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.005 D 13C-1,2,3,4,7,8-HxCDD                   100.000        18951735         5064456
  1,2,3,6,7,8-HxCDD                  0.983 D 13C-1,2,3,6,7,8-HxCDD                   100.000        19782969         5091727
  1,2,3,7,8,9-HxCDD                  1.104
Averages:

RRFn Qis Ris Area Ris Height
  1.031        100.000        19367352         5078091

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.585            129386             16338            112758             13656        1.21 1.15
31.036             45343              8081             37593              6915      0.4154 1.21 M
Signal Totals:

           174729             24419            150351             20571
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           325080             44990 1.16 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.628 = (325080 * 100.000) / (19367352 * 1.031)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Lims ID: 320-56911-A-7-A
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Inject. Date: 13-Dec-2019 16:21:47 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDF, RT: 34.340

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.424 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        16816716         5820855
  1,2,3,4,7,8,9-HpCDF                1.283 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        18394421         5736926
Averages:

RRFn Qis Ris Area Ris Height
  1.354        100.000        17605568         5778890

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

34.109             38292             12247             37905             10797      0.3197 1.01
Signal Totals:

            38292             12247             37905             10797
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            76197             23044 1.01

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3197 = (76197 * 100.000) / (17605568 * 1.354)
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Lims ID: 320-56911-A-7-A
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Inject. Date: 13-Dec-2019 16:21:47 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDD, RT: 34.309

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.017 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        18753592         5914138
Averages:

RRFn Qis Ris Area Ris Height
  1.017        100.000        18753592         5914138

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

34.060            634600            200400            599554            189453        6.47 1.06
Signal Totals:

           634600            200400            599554            189453
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1234154            389853 1.06

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          6.468 = (1234154 * 100.000) / (18753592 * 1.017)
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Instrument ID: 10D5
Lims ID: 320-56911-A-7-A          Lab Sample ID: 320-56911-7              
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  18.10
Area: 486799
Amount:    3.860387
Amount Units: pg/ul
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Manual Integration Results
RT:  18.10
Area: 479753
Amount:    3.835573
Amount Units: pg/ul

17.6 17.8 18.0 18.2 18.4 18.6
Min

RT

0

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
0)

F1:m/z     319.8965:SG5Pt_x1

 1
8.

09
8

Reviewer: dadunj, 16-Dec-2019 10:36:09
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Instrument ID: 10D5
Lims ID: 320-56911-A-7-A          Lab Sample ID: 320-56911-7              
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 15.82- 19.22)
Signal: 1

Processing Integration Results
Not Detected
RT:  15.82- 19.22
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Manual Integration Results
RT = 18.022 Area = 7088 M
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Reviewer: dadunj, 16-Dec-2019 10:36:18
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Instrument ID: 10D5
Lims ID: 320-56911-A-7-A          Lab Sample ID: 320-56911-7              
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  31.78
Area: 18579
Amount:    0.189596
Amount Units: pg/ul
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Manual Integration Results
RT:  31.78
Area: 9520
Amount:    0.094150
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:36:55
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Instrument ID: 10D5
Lims ID: 320-56911-A-7-A          Lab Sample ID: 320-56911-7              
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.79
Area: 17546
Amount:    0.189596
Amount Units: pg/ul
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Manual Integration Results
RT:  31.79
Area: 8419
Amount:    0.094150
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:37:09
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Instrument ID: 10D5
Lims ID: 320-56911-A-7-A          Lab Sample ID: 320-56911-7              
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  31.79
Area: 17546
Amount:    0.185706
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 9136
Amount:    0.093334
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:37:15
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Instrument ID: 10D5
Lims ID: 320-56911-A-7-A          Lab Sample ID: 320-56911-7              
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  31.78
Area: 36125
Amount:    0.185706
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 18156
Amount:    0.093334
Amount Units: pg/ul
Reviewer: dadunj, 16-Dec-2019 10:37:15
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 08:45:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Instrument ID: 10D5
Lims ID: 320-56911-A-7-A          Lab Sample ID: 320-56911-7              
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  31.78
Area: 18579
Amount:    0.185706
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 9020
Amount:    0.093334
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:37:17
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Instrument ID: 10D5
Lims ID: 320-56911-A-7-A          Lab Sample ID: 320-56911-7              
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 29.56- 32.18)
Signal: 2

Processing Integration Results
RT = 31.036 Area = 46605
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Manual Integration Results
RT = 31.036 Area = 37593 M
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Reviewer: dadunj, 16-Dec-2019 10:37:23
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Instrument ID: 10D5
Lims ID: 320-56911-A-7-A          Lab Sample ID: 320-56911-7              
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  33.82
Area: 56485
Amount:    0.445810
Amount Units: pg/ul
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Manual Integration Results
RT:  33.82
Area: 54348
Amount:    0.436886
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:37:28
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          18.10

37Cl4-TCDD Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08

Page 593 of 1734



Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Min

10

14

18

22

26

30

34

38

42

46

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

0)

F1:m/z     409.7974:SG5Pt_x1

14.98
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

4

7

10

13

16

19

Y
 ( 

X
10

00
)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.43

2,3,4,7,8-PeCDF
          23.78Non-2,3,7,8-sub-PeCDF

          21.06

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

3

5

7

9

11

Y
 ( 

X
10

00
)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          22.44

Non-2,3,7,8-sub-PeCDF
          21.06

PeCDF Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.40

22.92

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F2:m/z     353.8970:SG5Pt_x1
13C-2,3,4,7,8-PeCDF
          23.75

22.94
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

00
)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.43

2,3,4,7,8-PeCDF
          23.78Non-2,3,7,8-sub-PeCDF

          21.06

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.44

Non-2,3,7,8-sub-PeCDF
          21.06

PeCDF Interference Mass

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

14

17

20

23

26

29

32

35

38

41

44

Y
 ( 

X
10

0)

F2:m/z     409.7974:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

17

23

29

35

41

47

53

59

65

Y
 ( 

X
10

0)

F2:m/z     355.8546:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

16

21

26

31

36

41

46

51

Y
 ( 

X
10

0)

F2:m/z     357.8516:SG5Pt_x1

22.03

PeCDD Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47

22.40

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

2

7

12

17

22

27

32

37

42

Y
 ( 

X
10

00
)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.60

1,2,3,6,7,8-HxCDF
          30.77 L 1,2,3,7,8,9-HxCDF

          32.49

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

6

11

16

21

26

31

36

Y
 ( 

X
10

00
)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.58

1,2,3,6,7,8-HxCDF
          30.78 L 1,2,3,7,8,9-HxCDF

          32.41

HxCDF Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.38

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.38
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

2

6

10

14

18

22

26

30

34

38

42

Y
 ( 

X
10

00
)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.60

1,2,3,6,7,8-HxCDF
          30.77 L 1,2,3,7,8,9-HxCDF

          32.49

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

5

9

13

17

21

25

29

33

37

Y
 ( 

X
10

00
)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.58

1,2,3,6,7,8-HxCDF
          30.78 L 1,2,3,7,8,9-HxCDF

          32.41

HxCDF Interference Mass

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

22

25

28

31

34

37

40

43

46

49

52

55

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

4

7

10

13

16

19

22

25

Y
 ( 

X
10

00
)

F3:m/z     389.8157:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.58

L 1,2,3,7,8,9-HxCDD
          32.22

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

4

7

10

13

16

19

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.64

32.53
Non-2,3,7,8-sub-HxCDD
          31.04

31.22

HxCDD Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.21

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.19
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

4

7

10

13

16

19

22

25

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          33.82

Non-2,3,7,8-sub-HpCDF
          34.11

33.73

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

4

7

10

13

16

19

22

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.82

Non-2,3,7,8-sub-HpCDF
          34.12

HpCDF Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.80

13C-1,2,3,4,7,8,9-HpCDF
          34.87

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.80

13C-1,2,3,4,7,8,9-HpCDF
          34.87
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

4

7

10

13

16

19

22

25

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.82

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,7,8,9-HpCDF
          34.89

33.73

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

13

15

17

19

21

23

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.82

Non-2,3,7,8-sub-HpCDF
          34.12

HpCDF Interference Mass

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

14

21

28

35

42

49

56

63

70

77

84

91

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1

33.42
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Report Date: 16-Dec-2019 08:45:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F4:m/z     423.7766:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          34.06

1,2,3,4,6,7,8-HpCDD
          34.59

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          34.06

1,2,3,4,6,7,8-HpCDD
          34.59

HpCDD Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.59

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.59
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

7

13

19

25

31

37

43

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

9

17

25

33

41

49

57

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.01

OCDF Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.91

37.27

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

56

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.91
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

5

9

13

17

21

25

29

33

37

41

45

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

7

13

19

25

31

37

43

49

55

61

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.01

OCDF Interference Mass

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

12

17

22

27

32

37

42

47

52

57

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1

43.98
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.93

36.58

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.91

36.57

OCDD Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.91

37.27

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

56

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.91
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Report Date: 16-Dec-2019 08:45:30 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

13

26

39

52

65

78
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Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 16-Dec-2019 08:45:30 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_7.d
Injection Date: 13-Dec-2019 16:21:47 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345335 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (2-4) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-7 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_008.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/16/2019  23:51

Low2(uL)

20(uL)

% Moisture: 21.6

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.2951207-31-9 2,3,7,8-TCDF 44

%RECCAS NO. LIMITSQISOTOPE DILUTION

55 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

98 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:38:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_008.d
Lims ID: 320-56911-A-7-A          
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Sample Type: Client
Inject. Date: 16-Dec-2019 23:51:39 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-7-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:34:01

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.379   89800548 0.76  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.572   66450882 0.79   1.3379        55.3        55.3   0.2639   0.2639  55.31
  2,3,7,8-TCDF 16.586    9684656 0.78   0.8389        17.4        17.4   0.1146   0.1146
D 13C-2,3,7,8-TCDD 15.132   44017149 0.77   0.9388        52.2        52.2   0.7012   0.7012  52.21
  2,3,7,8-TCDD 15.146    2264876 0.80   1.1538       4.460       4.460   0.1107   0.1107
$ 37Cl4-2,3,7,8-TCDD 15.146   41591212   1.1816        39.2        39.2   0.0624   0.0624  97.99

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 17-Dec-2019 09:38:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_008.d
Lims ID: 320-56911-A-7-A          
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Sample Type: Client
Inject. Date: 16-Dec-2019 23:51:39 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-7-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:34:01

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.379 15.383    0   38799838    8398713  30017  75042    280
333.9339 15.379 15.383    0   51000710   10965571  20970  52425    523  0.76(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.572 16.576    0  1.078   29228006    5577332  15191  37977    367
317.9389 16.572 16.576    0  1.078   37222876    7375379  12153  30382    607  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.586 16.590    0  1.001    4234318     795007   1735   4337    458
305.8987 16.586 16.590    0  1.001    5450338    1040409   3244   8110    321  0.78(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.132 15.122    1  0.984   19124216    4158642  30017  75042    139
333.9339 15.132 15.122    1  0.984   24892933    5313847  20970  52425    253  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.146 15.149    0  1.001    1008051     179009   3067   7667     58
321.8936 15.146 15.149    0  1.001    1256825     274954   1771   4427    155  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.146 15.149    0  0.985   41591212    8967152   5713  14282   1570

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 17-Dec-2019 09:38:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_008.d
Injection Date: 16-Dec-2019 23:51:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345960 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

13

26

39

52

65

78

91

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.10

18.9717.2614.05
20.43

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.10

18.9717.2614.05

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57
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Report Date: 17-Dec-2019 09:38:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_008.d
Injection Date: 16-Dec-2019 23:51:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345960 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

6

13

20

27

34

41

48

55

62

69

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 17-Dec-2019 09:38:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_008.d
Injection Date: 16-Dec-2019 23:51:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345960 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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9
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Y
 ( 

X
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00
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0)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0
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3

4

5

6

7

8

9

10

11

Y
 ( 

X
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00
00

0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

Page 615 of 1734



Report Date: 17-Dec-2019 09:38:28 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_008.d
Injection Date: 16-Dec-2019 23:51:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (2-4)
Worklist#: 345960 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9
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36
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48
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54
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72
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78

81

84
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90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (4-6)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-8

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_8.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  17:07

Low2(uL)

20(uL)

% Moisture: 24.6

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 345335 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.131746-01-6 2,3,7,8-TCDD 3.0

6.6 0.1240321-76-4 1,2,3,7,8-PeCDD ND

6.6 0.086J57117-41-6 1,2,3,7,8-PeCDF 0.40

6.6 0.09257117-31-4 2,3,4,7,8-PeCDF ND

6.6 0.084J q39227-28-6 1,2,3,4,7,8-HxCDD 0.27

6.6 0.087J B57653-85-7 1,2,3,6,7,8-HxCDD 0.19

6.6 0.077J19408-74-3 1,2,3,7,8,9-HxCDD 0.36

6.6 0.12J70648-26-9 1,2,3,4,7,8-HxCDF 0.64

6.6 0.12J57117-44-9 1,2,3,6,7,8-HxCDF 0.28

6.6 0.089J q72918-21-9 1,2,3,7,8,9-HxCDF 0.23

6.6 0.09460851-34-5 2,3,4,6,7,8-HxCDF ND

6.6 0.13J B35822-46-9 1,2,3,4,6,7,8-HpCDD 5.5

6.6 0.057J67562-39-4 1,2,3,4,6,7,8-HpCDF 1.1

6.6 0.061J55673-89-7 1,2,3,4,7,8,9-HpCDF 0.32

13 0.19B3268-87-9 OCDD 130

13 0.14J B39001-02-0 OCDF 7.3

1.3 0.13q41903-57-5 Total TCDD 3.3

1.3 0.12q30402-14-3 Total TCDF 20

6.6 0.12J q36088-22-9 Total PeCDD 0.14

6.6 0.089J30402-15-4 Total PeCDF 0.40

6.6 0.083J B q34465-46-8 Total HxCDD 3.3

6.6 0.10J q55684-94-1 Total HxCDF 1.2

6.6 0.13B37871-00-4 Total HpCDD 16

6.6 0.059J B38998-75-3 Total HpCDF 3.0

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (4-6)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-8

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_8.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  17:07

Low2(uL)

20(uL)

% Moisture: 24.6

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 345335 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

53 25-16476523-40-5 13C-2,3,7,8-TCDD

49 24-16989059-46-1 13C-2,3,7,8-TCDF

56 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

51 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

53 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

57 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

49 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

52 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

44 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

49 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

48 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

59 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

49 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

61 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

68 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

101 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Lims ID: 320-56911-A-8-A          
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Sample Type: Client
Inject. Date: 13-Dec-2019 17:07:58 ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-8-A  320-56911-A-8-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 08:46:45 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: dadunj Date: 16-Dec-2019 10:42:13

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.886   51134166 0.78  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.372   33493350 0.77   1.3318        49.2        49.2   0.1234   0.1234  49.18
  2,3,7,8-TCDF 17.387    1319664 0.71   0.9005       4.375       4.375   0.0445   0.0445
A Non-2,3,7,8-sub-TCDF 17.062    1016471 0.77   0.9005       3.416       3.370   0.0445    2.023  RQa
S Total TCDF       7.791       7.745   0.0445   0.0445  RQ

D 13C-2,3,7,8-TCDD 18.083   26266409 0.74   0.9647        53.2        53.2   0.1192   0.1192  53.25
  2,3,7,8-TCDD 18.098     324363 0.83   1.0698       1.154       1.154   0.0509   0.0509  M
$ 37Cl4-2,3,7,8-TCDD 18.098   26927410   1.3082        40.3        40.3   0.0685   0.0685    101

A Non-2,3,7,8-sub-TCDD 17.516      27730 0.77   1.0698      0.1361      0.0987   0.0509   0.0987  RQ
S Total TCDD       1.290       1.253   0.0509   0.0509  RQ

D 13C-1,2,3,7,8-PeCDF 22.400   27680977 1.58   1.0537        51.4        51.4   0.1054   0.1054  51.37
  1,2,3,7,8-PeCDF 22.413      40419 1.41   0.9704      0.1505      0.1505   0.0328   0.0328  M
D 13C-2,3,4,7,8-PeCDF 23.750   27583715 1.58   1.0173        53.0        53.0   0.1092   0.1092  53.03
  2,3,4,7,8-PeCDF 23.750   0.0349   0.0349
A F1 PeCDFs 19.776   0.0334   0.0334
A Non-2,3,7,8-sub-PeCDF 22.933   0.0338   0.0338
S Total PeCDF      0.1505      0.1505   0.0339   0.0339

D 13C-1,2,3,7,8-PeCDD 24.472   21000994 1.55   0.7281        56.4        56.4   0.0837   0.0837  56.41
  1,2,3,7,8-PeCDD 24.472   0.0444   0.0444
A Non-2,3,7,8-sub-PeCDD 23.368      11581 1.55   1.0023      0.0609      0.0550   0.0444   0.0550  RQM
S Total PeCDD      0.0609      0.0550   0.0444   0.0444  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.557   22221926 0.50   0.9632        52.3        52.3   0.1298   0.1298  52.31
  1,2,3,4,7,8-HxCDF 30.583      56175 1.28   1.0315      0.2451      0.2451   0.0439   0.0439  M
D 13C-1,2,3,6,7,8-HxCDF 30.743   20849212 0.49   1.0646        44.4        44.4   0.1174   0.1174  44.41
  1,2,3,6,7,8-HxCDF 30.770      22679 1.29   1.0235      0.1063      0.1063   0.0452   0.0452  Ma
D 13C-2,3,4,6,7,8-HxCDF 31.569   20380225 0.51   0.9696        47.7        47.7   0.1289   0.1289  47.66
  2,3,4,6,7,8-HxCDF 31.568   0.0357   0.0357
D 13C-1,2,3,7,8,9-HxCDF 32.381   19292047 0.50   0.8955        48.8        48.8   0.1396   0.1396  48.85
  1,2,3,7,8,9-HxCDF 32.381      18134 1.24   1.0664      0.1112      0.0881   0.0338   0.0338  RQ
A Non-2,3,7,8-sub-HxCDF 30.237   0.0391   0.0391
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF      0.4625      0.4395   0.0396   0.0396  RQ

* 13C-1,2,3,7,8,9-HxCDD 32.194   44103363 1.26  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.755   19232756 1.25   0.7590        57.5        57.5   0.1361   0.1361  57.46
  1,2,3,4,7,8-HxCDD 31.768      19646 1.24   1.0054      0.1146      0.1016   0.0320   0.0320  RQM
D 13C-1,2,3,6,7,8-HxCDD 31.861   20149551 1.25   0.9247        49.4        49.4   0.1117   0.1117  49.41
  1,2,3,6,7,8-HxCDD 31.875      14660 1.10   0.9833      0.0740      0.0740   0.0330   0.0330  Ma
  1,2,3,7,8,9-HxCDD 32.221      29969 1.42   1.1036      0.1379      0.1379   0.0293   0.0293  M
A Non-2,3,7,8-sub-HxCDD 30.870     192844 1.31   1.0308      0.9501      0.9501   0.0314   0.7166
S Total HxCDD       1.277       1.264   0.0314   0.0314  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.793   17004032 0.45   0.7930        48.6        48.6   0.3243   0.3243  48.62
  1,2,3,4,6,7,8-HpCDF 33.805     104862 1.10   1.4240      0.4331      0.4331   0.0215   0.0215
D 13C-1,2,3,4,7,8,9-HpCDF 34.862   19550620 0.43   0.7296        60.8        60.8   0.3525   0.3525  60.76
  1,2,3,4,7,8,9-HpCDF 34.887      30350 1.12   1.2834      0.1210      0.1210   0.0232   0.0232
A Non-2,3,7,8-sub-HpCDF 34.340     144903 1.05   1.3537      0.5857      0.5857   0.0223   0.5857  M
S Total HpCDF       1.140       1.140   0.0224   0.0224

D 13C-1,2,3,4,6,7,8-HpCDD 34.583   19743789 1.05   0.7532        59.4        59.4   0.1382   0.1382  59.44
  1,2,3,4,6,7,8-HpCDD 34.595     424412 1.09   1.0174       2.113       2.113   0.0478   0.0478
A Non-2,3,7,8-sub-HpCDD 34.309     775755 1.02   1.0174       3.862       3.862   0.0478    3.862
S Total HpCDD       5.975       5.975   0.0478   0.0478

D 13C-OCDD 36.903   33789063 0.90   0.5621       136.3       136.3   0.0930   0.0930  68.16
  OCDF 37.011     614473 0.88   1.3047       2.788       2.788   0.0522   0.0522
  OCDD 36.915    9218334 0.88   1.0997        49.6        49.6   0.0709   0.0709

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Lims ID: 320-56911-A-8-A          
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Sample Type: Client
Inject. Date: 13-Dec-2019 17:07:58 ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-8-A  320-56911-A-8-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 08:46:45 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: dadunj Date: 16-Dec-2019 10:42:13

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.886 17.856    2   22440310    5636547   3747   9367   1504
333.9339 17.886 17.856    2   28693856    7191714   2152   5380   3342  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.372 17.357    1  0.971   14573768    3646433   5314  13285    686
317.9389 17.372 17.357    1  0.971   18919582    4780164   3118   7795   1533  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.387 17.372    1  1.001     548086     129623    554   1385    234
305.8987 17.387 17.372    1  1.001     771578     179478    796   1990    225  0.71(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQa

303.9016 15.981 17.062  -65  0.920      22305       5402    554   1385     10
305.8987 15.981 17.062  -65  0.920      36588       9297    796   1990     12  0.61(0.65-0.89)

Empc Correction      28967       7015    796   1990      9

303.9016 16.253 17.062  -48  0.936      27761       5641    554   1385     10
305.8987 16.238 17.062  -49  0.935      42943       7924    796   1990     10  0.65(0.65-0.89)

303.9016 16.495 17.062  -34  0.950      21560       4357    554   1385      8
305.8987 16.480 17.062  -35  0.949      25600       6621    796   1990      8  0.84(0.65-0.89)

303.9016 16.737 17.062  -19  0.963      21149       4503    554   1385      8
305.8987 16.722 17.062  -20  0.963      33673       7670    796   1990     10  0.63(0.65-0.89)

Empc Correction      27466       5848    796   1990      7

303.9016 17.009 17.062   -3  0.979     252268      62836    554   1385    113
305.8987 17.009 17.062   -3  0.979     357855      82721    796   1990    104  0.70(0.65-0.89)

303.9016 17.826 17.062   46  1.026      42716       8002    554   1385     14
305.8987 17.826 17.062   46  1.026      52103      11697    796   1990     15  0.82(0.65-0.89)

303.9016 19.232 17.062  130  1.107      43347       9271    554   1385     17 a
305.8987 19.216 17.062  129  1.106      50431      11002    796   1990     14  0.86(0.65-0.89)
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDD
331.9368 18.083 18.052    2  1.011   11173123    2629515   3747   9367    702
333.9339 18.083 18.052    2  1.011   15093286    3573127   2152   5380   1660  0.74(0.65-0.89)

2,3,7,8-TCDD M
319.8965 18.098 18.068    2  1.001     146867      30774    886   2215     35 M
321.8936 18.098 18.068    2  1.001     177496      40244    465   1162     87  0.83(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 18.098 18.068    2  1.012   26927410    6172444   4599  11497   1342

A Non-2,3,7,8-sub-TCDD RQ

319.8965 18.476 17.516   57  1.022      22581       3374    886   2215      4
Empc Correction      12063       2475    886   2215      3

321.8936 18.476 17.516   57  1.022      15667       3215    465   1162      7  1.44(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.400 22.372    2  1.252   16944380    3053162   3360   8400    909
353.8970 22.400 22.372    2  1.252   10736597    1950525   2341   5852    833  1.58(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 22.413 22.400    1  1.001      23674       4560    253    632     18 M
341.8567 22.413 22.400    1  1.001      16745       2961    384    960      8  1.41(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.750 23.722    2  1.328   16893442    2817292   3360   8400    838
353.8970 23.750 23.722    2  1.328   10690273    1747117   2341   5852    746  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.750     253     632
341.8567 23.750     384     960

A F1 PeCDFs
339.8597 19.776     256     640
341.8567 19.776     374     935

A Non-2,3,7,8-sub-PeCDF
339.8597 22.933     253     632
341.8567 22.933     384     960

13C-1,2,3,7,8-PeCDD
367.8949 24.472 24.445    2  1.368   12766843    1959113   1861   4652   1053
369.8919 24.472 24.445    2  1.368    8234151    1269059   1265   3162   1003  1.55(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.472     360     900
357.8516 24.472     215     537

A Non-2,3,7,8-sub-PeCDD RQM

355.8546 21.254 23.368 -127  0.868       7040       1284    360    900      4 M
357.8516 21.281 23.368 -125  0.870       5775       1074    215    537      5  1.22(1.32-1.78) M

Empc Correction       4541        828    215    537      4

13C-1,2,3,4,7,8-HxCDF
383.8639 30.557 30.543    1  0.949    7367191    1396266   2311   5777    604
385.8610 30.557 30.543    1  0.949   14854735    2770733   3762   9405    737  0.50(0.43-0.59)

1,2,3,4,7,8-HxCDF M
373.8208 30.583 30.557    2  1.001      31545       6787    475   1187     14
375.8178 30.570 30.557    1  1.000      24630       4938    279    697     18  1.28(1.05-1.43) M
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDF
383.8639 30.743 30.716    2  0.955    6876149    1352412   2311   5777    585
385.8610 30.743 30.716    2  0.955   13973063    2718532   3762   9405    723  0.49(0.43-0.59)

1,2,3,6,7,8-HxCDF Ma
373.8208 30.770 30.743    2  1.001      12773       3195    475   1187      7 M
375.8178 30.783 30.743    2  1.001       9906       1718    279    697      6  1.29(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.569 31.555    1  0.981    6869562    1647762   2311   5777    713
385.8610 31.569 31.555    1  0.981   13510663    3316036   3762   9405    881  0.51(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.568     475    1187
375.8178 31.568     279     697

13C-1,2,3,7,8,9-HxCDF
383.8639 32.381 32.367    1  1.006    6424926    1734460   2311   5777    751
385.8610 32.381 32.367    1  1.006   12867121    3493037   3762   9405    929  0.50(0.43-0.59)

1,2,3,7,8,9-HxCDF RQ
373.8208 32.381 32.380    0  1.000      10039       2193    475   1187      5
375.8178 32.394 32.380    1  1.000      12830       2697    279    697     10  0.78(1.05-1.43)

Empc Correction       8095       1768    279    697      6

A Non-2,3,7,8-sub-HxCDF
373.8208 30.237     475    1187
375.8178 30.237     279     697

13C-1,2,3,7,8,9-HxCDD
401.8559 32.194 32.181    1   24625294    6768320   2800   7000   2417
403.8529 32.194 32.181    1   19478069    5379396   2221   5552   2422  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.755 31.741    1  0.986   10694870    2838070   2800   7000   1014
403.8529 31.755 31.741    1  0.986    8537886    2298602   2221   5552   1035  1.25(1.05-1.43)

1,2,3,4,7,8-HxCDD RQM
389.8157 31.768 31.755    1  1.000      10876       2627    340    850      8 M
391.8127 31.768 31.755    1  1.000      11282       2966    322    805      9  0.96(1.05-1.43) M

Empc Correction       8770       2118    322    805      7

13C-1,2,3,6,7,8-HxCDD
401.8559 31.861 31.848    1  0.990   11201398    2824687   2800   7000   1009
403.8529 31.861 31.848    1  0.990    8948153    2276156   2221   5552   1025  1.25(1.05-1.43)

1,2,3,6,7,8-HxCDD Ma
389.8157 31.875 31.861    1  1.000       7680       2315    340    850      7 M
391.8127 31.861 31.861    0  1.000       6980       1847    322    805      6  1.10(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8157 32.221 32.194    2  1.015      17563       3703    340    850     11
391.8127 32.194 32.194    0  1.014      12406       2428    322    805      8  1.42(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD

389.8157 29.598 30.870  -76  0.929      82381       8578    340    850     25
391.8127 29.625 30.870  -75  0.930      63074       6988    322    805     22  1.31(1.05-1.43)

389.8157 31.036 30.870   10  0.974      27119       5256    340    850     15
391.8127 31.009 30.870    8  0.973      20270       3691    322    805     11  1.34(1.05-1.43)

Page 623 of 1734



Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.793 33.780    1  1.050    5256761    1707282   4444  11110    384
419.8220 33.793 33.780    1  1.050   11747271    3908144   8052  20130    485  0.45(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.805 33.793    1  1.000      54815      18776    433   1082     43
409.7789 33.805 33.793    1  1.000      50047      17115    256    640     67  1.10(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.862 34.862    0  1.083    5904056    1742775   4444  11110    392
419.8220 34.862 34.862    0  1.083   13646564    4039685   8052  20130    502  0.43(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.887 34.862    1  1.001      16025       4188    433   1082     10
409.7789 34.875 34.862    1  1.000      14325       3605    256    640     14  1.12(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF M

407.7818 34.109 34.340  -14  1.009      74362      25273    433   1082     58
409.7789 34.097 34.340  -15  1.009      70541      21615    256    640     84  1.05(0.88-1.20) M

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.583 34.570    1  1.074   10109728    3124528   2678   6695   1167
437.8140 34.583 34.570    1  1.074    9634061    2970418   2378   5945   1249  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.595 34.583    1  1.000     221240      65552    659   1647     99
425.7737 34.595 34.583    1  1.000     203172      60825    528   1320    115  1.09(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 34.048 34.309  -16  0.985     392559     123114    659   1647    187
425.7737 34.048 34.309  -16  0.985     383196     120794    528   1320    229  1.02(0.88-1.20)

13C-OCDD
469.7779 36.903 36.891    1  1.146   15971689    4164299   1261   3152   3302
471.7750 36.903 36.891    1  1.146   17817374    4666926   1280   3200   3646  0.90(0.76-1.02)

OCDF
441.7428 37.011 36.999    1  1.003     287102      72206    426   1065    169
443.7399 36.999 36.999    0  1.003     327371      75401    778   1945     97  0.88(0.76-1.02)

OCDD
457.7377 36.915 36.903    1  1.000    4322696    1113759    686   1715   1624
459.7348 36.915 36.903    1  1.000    4895638    1272456    691   1727   1841  0.88(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Lims ID: 320-56911-A-8-A
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Inject. Date: 13-Dec-2019 17:07:58 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDF, RT: 17.062

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.901 D 13C-2,3,7,8-TCDF                        100.000        33493350         8426597
Averages:

RRFn Qis Ris Area Ris Height
  0.901        100.000        33493350         8426597

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.981             22305              5402             36588              9297      0.1953 0.61 RQ
15.981             22305              5402             28967              7015      0.1700 Empc Correction
16.253             27761              5641             42943              7924      0.2344 0.65
16.495             21560              4357             25600              6621      0.1564 0.84
16.737             21149              4503             33673              7670      0.1818 0.63 RQ
16.737             21149              4503             27466              5848      0.1612 Empc Correction
17.009            252268             62836            357855             82721        2.02 0.70
17.826             42716              8002             52103             11697      0.3144 0.82
19.232             43347              9271             50431             11002      0.3109 0.86 a
Signal Totals:

           431106            100012            585365            132828
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1030299            236944 0.72 RQa
          1016471            232840 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.416 = (1030299 * 100.000) / (33493350 * 0.901)
Empc Amount:          3.370 = (1016471 * 100.000) / (33493350 * 0.901)
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Lims ID: 320-56911-A-8-A
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Inject. Date: 13-Dec-2019 17:07:58 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDD, RT: 17.516

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.070 D 13C-2,3,7,8-TCDD                        100.000        26266409         6202642
Averages:

RRFn Qis Ris Area Ris Height
  1.070        100.000        26266409         6202642

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

18.476             22581              3374             15667              3215      0.1361 1.44 RQ
18.476             12063              2475             15667              3215      0.0987 Empc Correction
Signal Totals:

            12063              2475             15667              3215
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            38248              6589 1.44 RQ
            27730              5690 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1361 = (38248 * 100.000) / (26266409 * 1.070)
Empc Amount:         0.0987 = (27730 * 100.000) / (26266409 * 1.070)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Lims ID: 320-56911-A-8-A
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Inject. Date: 13-Dec-2019 17:07:58 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 8

Non-2,3,7,8-sub-PeCDD, RT: 23.368

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.002 D 13C-1,2,3,7,8-PeCDD                     100.000        21000994         3228172
Averages:

RRFn Qis Ris Area Ris Height
  1.002        100.000        21000994         3228172

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

21.254              7040              1284              5775              1074      0.0609 1.22 RQM
21.254              7040              1284              4541               828      0.0550 Empc Correction
Signal Totals:

             7040              1284              4541               828
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            12815              2358 1.22 RQM
            11581              2112 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.0609 = (12815 * 100.000) / (21000994 * 1.002)
Empc Amount:         0.0550 = (11581 * 100.000) / (21000994 * 1.002)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Lims ID: 320-56911-A-8-A
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Inject. Date: 13-Dec-2019 17:07:58 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 8

Non-2,3,7,8-sub-HxCDD, RT: 30.870

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.005 D 13C-1,2,3,4,7,8-HxCDD                   100.000        19232756         5136672
  1,2,3,6,7,8-HxCDD                  0.983 D 13C-1,2,3,6,7,8-HxCDD                   100.000        20149551         5100843
  1,2,3,7,8,9-HxCDD                  1.104
Averages:

RRFn Qis Ris Area Ris Height
  1.031        100.000        19691153         5118757

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.598             82381              8578             63074              6988      0.7166 1.31
31.036             27119              5256             20270              3691      0.2335 1.34
Signal Totals:

           109500             13834             83344             10679
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           192844             24513 1.31

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9501 = (192844 * 100.000) / (19691153 * 1.031)
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Lims ID: 320-56911-A-8-A
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Inject. Date: 13-Dec-2019 17:07:58 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDF, RT: 34.340

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.424 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        17004032         5615426
  1,2,3,4,7,8,9-HpCDF                1.283 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        19550620         5782460
Averages:

RRFn Qis Ris Area Ris Height
  1.354        100.000        18277326         5698943

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

34.109             74362             25273             70541             21615      0.5857 1.05 M
Signal Totals:

            74362             25273             70541             21615
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           144903             46888 1.05 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.5857 = (144903 * 100.000) / (18277326 * 1.354)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Lims ID: 320-56911-A-8-A
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Inject. Date: 13-Dec-2019 17:07:58 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDD, RT: 34.309

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.017 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        19743789         6094946
Averages:

RRFn Qis Ris Area Ris Height
  1.017        100.000        19743789         6094946

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

34.048            392559            123114            383196            120794        3.86 1.02
Signal Totals:

           392559            123114            383196            120794
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           775755            243908 1.02

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.862 = (775755 * 100.000) / (19743789 * 1.017)
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  18.10
Area: 156752
Amount:    1.189514
Amount Units: pg/ul
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Manual Integration Results
RT:  18.10
Area: 146867
Amount:    1.154336
Amount Units: pg/ul

17.6 17.8 18.0 18.2 18.4 18.6
Min

RT

1

4

7

10

13

16

19

22

25

28

31

34

Y
 ( 

X
10

00
)

F1:m/z     319.8965:SG5Pt_x1

 1
8.

09
8

Reviewer: dadunj, 16-Dec-2019 10:39:04
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  22.41
Area: 34197
Amount:    0.189647
Amount Units: pg/ul
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Manual Integration Results
RT:  22.41
Area: 23674
Amount:    0.150472
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:39:13
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 21.21- 25.53)
Signal: 1

Processing Integration Results
RT = 21.254 Area = 6922
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Manual Integration Results
RT = 21.254 Area = 7040 M
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Reviewer: dadunj, 16-Dec-2019 10:39:32
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 2,   m/z: 357.8516, RT: ( 21.21- 25.53)
Signal: 2

Processing Integration Results
RT = 21.281 Area = 6747
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Manual Integration Results
RT = 21.281 Area = 5775 M
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Reviewer: dadunj, 16-Dec-2019 10:39:47
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  30.57
Area: 34536
Amount:    0.288299
Amount Units: pg/ul
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Manual Integration Results
RT:  30.57
Area: 24630
Amount:    0.245081
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:39:59
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  30.74
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Manual Integration Results
RT:  30.77
Area: 12773
Amount:    0.106275
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:40:05
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  31.77
Area: 13006
Amount:    0.161691
Amount Units: pg/ul
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Manual Integration Results
RT:  31.77
Area: 10876
Amount:    0.114593
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:40:18
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.77
Area: 18259
Amount:    0.161691
Amount Units: pg/ul
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Manual Integration Results
RT:  31.77
Area: 11282
Amount:    0.114593
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:40:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  31.77
Area: 18259
Amount:    0.157799
Amount Units: pg/ul
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Manual Integration Results
RT:  31.86
Area: 6980
Amount:    0.073991
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:40:23
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  31.77
Area: 31265
Amount:    0.157799
Amount Units: pg/ul
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Manual Integration Results
RT:  31.87
Area: 14660
Amount:    0.073991
Amount Units: pg/ul
Reviewer: dadunj, 16-Dec-2019 10:40:23
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  31.77
Area: 13006
Amount:    0.157799
Amount Units: pg/ul
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Manual Integration Results
RT:  31.87
Area: 7680
Amount:    0.073991
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:40:26
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  32.19
Area: 11544
Amount:    0.133943
Amount Units: pg/ul
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Manual Integration Results
RT:  32.19
Area: 12406
Amount:    0.137910
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:40:39
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Instrument ID: 10D5
Lims ID: 320-56911-A-8-A          Lab Sample ID: 320-56911-8              
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7789, RT: ( 33.78- 34.90)
Signal: 2

Processing Integration Results
RT = 34.097 Area = 74800
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Manual Integration Results
RT = 34.097 Area = 70541 M
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Reviewer: dadunj, 16-Dec-2019 10:40:58
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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PeCDF Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.40

22.93

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.40

22.92

Page 651 of 1734



Report Date: 16-Dec-2019 08:46:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

18

24

30

36

42

48

54

60

66

72

78

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.41

23.7621.05

22.96

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

17

22

27

32

37

42

47

52

57

62

67

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.41

PeCDF Interference Mass

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

15

20

25

30

35

40

45

50

55

60

65

Y
 ( 

X
10

0)

F2:m/z     409.7974:SG5Pt_x1

25.97
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

20

25

30

35

40

45

50

55

Y
 ( 

X
10

0)

F2:m/z     355.8546:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

18

21

24

27

30

33

36

39

42

Y
 ( 

X
10

0)

F2:m/z     357.8516:SG5Pt_x1

Non-2,3,7,8-sub-PeCDD
          21.28

PeCDD Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47

22.43

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47

22.44

Page 653 of 1734



Report Date: 16-Dec-2019 08:46:48 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

20

32

44

56

68

80

92

104

116

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.58

1,2,3,6,7,8-HxCDF
          30.77 L 1,2,3,7,8,9-HxCDF

          32.38

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

20

29

38

47

56

65

74

83

92

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.57

L 1,2,3,7,8,9-HxCDF
          32.39

HxCDF Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.38

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.38
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

20

29

38

47

56

65

74

83

92

101

110

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.58

1,2,3,6,7,8-HxCDF
          30.77 L 1,2,3,7,8,9-HxCDF

          32.38

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

20

27

34

41

48

55

62

69

76

83

90

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.57

L 1,2,3,7,8,9-HxCDF
          32.39

HxCDF Interference Mass

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

23

26

29

32

35

38

41

44

47

50

53

56

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

3

5

7

9

11

13

Y
 ( 

X
10

00
)

F3:m/z     389.8157:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.60

L 1,2,3,7,8,9-HxCDD
          32.22

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

18

31

44

57

70

83

96

109

Y
 ( 

X
10

0)

F3:m/z     391.8127:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.63

32.51Non-2,3,7,8-sub-HxCDD
          31.01

HxCDD Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.19

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.19
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Report Date: 16-Dec-2019 08:46:48 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

6

11

16

21

26

31

36

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,7,8,9-HpCDF
          34.89

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

5

9

13

17

21

25

29

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.10

1,2,3,4,7,8,9-HpCDF
          34.87

33.99 34.30

HpCDF Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          34.86

13C-1,2,3,4,6,7,8-HpCDF
          33.79

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          34.86

13C-1,2,3,4,6,7,8-HpCDF
          33.79
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Report Date: 16-Dec-2019 08:46:48 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

5

9

13

17

21

25

29

33

37

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.81

1,2,3,4,7,8,9-HpCDF
          34.89

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

4

7

10

13

16

19

22

25

28

31

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.10

1,2,3,4,6,7,8-HpCDF
          33.81

1,2,3,4,7,8,9-HpCDF
          34.87

33.99 34.30

HpCDF Interference Mass

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

16

23

30

37

44

51

58

65

72

79

86

93

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1

33.39
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F4:m/z     423.7766:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          34.05

1,2,3,4,6,7,8-HpCDD
          34.60

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          34.05

1,2,3,4,6,7,8-HpCDD
          34.60

HpCDD Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.58

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.58
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Report Date: 16-Dec-2019 08:46:48 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

12

23

34

45

56

67

78

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

13

25

37

49

61

73

85

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  37.00

OCDF Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.90

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.90

Page 660 of 1734



Report Date: 16-Dec-2019 08:46:48 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

9

17

25

33

41

49

57

65

73

81

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

9

17

25

33

41

49

57

65

73

81

89

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.00

OCDF Interference Mass

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

12

17

22

27

32

37

42

47

52

57

62

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1

OCDD
  36.92

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.92

OCDD Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.90

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.90
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 16-Dec-2019 08:46:48 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_8.d
Injection Date: 13-Dec-2019 17:07:58 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345335 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
9 (4-6) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-8 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_009.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  13:30

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/17/2019  00:29

Low2(uL)

20(uL)

% Moisture: 24.6

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.4351207-31-9 2,3,7,8-TCDF 14

%RECCAS NO. LIMITSQISOTOPE DILUTION

53 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

99 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:38:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_009.d
Lims ID: 320-56911-A-8-A          
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Sample Type: Client
Inject. Date: 17-Dec-2019 00:29:57 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-8-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:34:24

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.393   45477090 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.600   32230673 0.77   1.3379        53.0        53.0   0.4808   0.4808  52.97
  2,3,7,8-TCDF 16.600    1419271 0.87   0.8389       5.249       5.249   0.1651   0.1651
D 13C-2,3,7,8-TCDD 15.146   21506205 0.74   0.9388        50.4        50.4   0.6917   0.6917  50.37
  2,3,7,8-TCDD 15.173     300673 0.74   1.1538       1.212       1.212   0.1924   0.1924
$ 37Cl4-2,3,7,8-TCDD 15.160   21226222   1.1816        39.5        39.5   0.0955   0.0955  98.75

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 17-Dec-2019 09:38:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_009.d
Lims ID: 320-56911-A-8-A          
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Sample Type: Client
Inject. Date: 17-Dec-2019 00:29:57 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-8-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:34:24

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.393 15.383    1   19994293    4242565  15346  38365    276
333.9339 15.393 15.383    1   25482797    5540684  10068  25170    550  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.600 16.576    1  1.078   13997702    2601916  14432  36080    180
317.9389 16.600 16.576    1  1.078   18232971    3347818  10744  26860    312  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.600 16.590    1  1.000     658949     106701   1232   3080     87
305.8987 16.614 16.590    1  1.001     760322     144471   2065   5162     70  0.87(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.146 15.122    1  0.984    9145919    1947669  15346  38365    127
333.9339 15.146 15.122    1  0.984   12360286    2674543  10068  25170    266  0.74(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.173 15.149    1  1.002     128162      19741   2640   6600      7
321.8936 15.160 15.149    1  1.001     172511      29795   1465   3662     20  0.74(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.160 15.149    1  0.985   21226222    4366313   4414  11035    989

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 17-Dec-2019 09:38:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_009.d
Injection Date: 17-Dec-2019 00:29:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345960 Sample Line#: 9
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          16.60

15.10

14.06 17.31 19.0115.60

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          16.61

15.10

17.27

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.60

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.60
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Report Date: 17-Dec-2019 09:38:29 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_009.d
Injection Date: 17-Dec-2019 00:29:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345960 Sample Line#: 9
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-2

3

8

13

18

23

28

33

38

43

48

53

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 17-Dec-2019 09:38:30 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_009.d
Injection Date: 17-Dec-2019 00:29:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345960 Sample Line#: 9
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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Y
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X
10
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)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0
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10

15

20
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35

40

45
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Y
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X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

6

13

20

27

34

41

48
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Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 17-Dec-2019 09:38:30 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_009.d
Injection Date: 17-Dec-2019 00:29:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA09 (4-6)
Worklist#: 345960 Sample Line#: 9
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27
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39
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69

72

75

78

81

84
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90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (0-1)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-9

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_9.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:10

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  17:53

Low2(uL)

20(uL)

% Moisture: 35.9

Sample wt/vol: 10.15(g)

N

Analysis Batch No.: 345335 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.5 0.231746-01-6 2,3,7,8-TCDD 18

7.7 0.1840321-76-4 1,2,3,7,8-PeCDD ND

7.7 0.15J57117-41-6 1,2,3,7,8-PeCDF 1.8

7.7 0.15J57117-31-4 2,3,4,7,8-PeCDF 1.0

7.7 0.11J39227-28-6 1,2,3,4,7,8-HxCDD 0.37

7.7 0.11J B57653-85-7 1,2,3,6,7,8-HxCDD 0.56

7.7 0.10J19408-74-3 1,2,3,7,8,9-HxCDD 1.4

7.7 0.14J70648-26-9 1,2,3,4,7,8-HxCDF 2.1

7.7 0.14J q57117-44-9 1,2,3,6,7,8-HxCDF 0.49

7.7 0.1072918-21-9 1,2,3,7,8,9-HxCDF ND

7.7 0.1160851-34-5 2,3,4,6,7,8-HxCDF ND

7.7 0.27B35822-46-9 1,2,3,4,6,7,8-HpCDD 18

7.7 0.069J67562-39-4 1,2,3,4,6,7,8-HpCDF 1.5

7.7 0.076J q55673-89-7 1,2,3,4,7,8,9-HpCDF 0.27

15 0.32B3268-87-9 OCDD 550

15 0.11J B39001-02-0 OCDF 10

1.5 0.23q41903-57-5 Total TCDD 22

1.5 0.34q30402-14-3 Total TCDF 130

7.7 0.18J q36088-22-9 Total PeCDD 3.3

7.7 0.15J30402-15-4 Total PeCDF 4.5

7.7 0.11B q34465-46-8 Total HxCDD 20

7.7 0.12J q55684-94-1 Total HxCDF 3.5

7.7 0.27B37871-00-4 Total HpCDD 70

7.7 0.072J B q38998-75-3 Total HpCDF 3.7

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (0-1)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-9

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_9.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:10

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  17:53

Low2(uL)

20(uL)

% Moisture: 35.9

Sample wt/vol: 10.15(g)

N

Analysis Batch No.: 345335 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

60 25-16476523-40-5 13C-2,3,7,8-TCDD

55 24-16989059-46-1 13C-2,3,7,8-TCDF

64 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

58 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

63 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

69 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

58 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

61 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

53 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

58 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

56 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

73 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

61 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

73 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

85 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

104 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A          
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Sample Type: Client
Inject. Date: 13-Dec-2019 17:53:57 ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-9-A  320-56911-A-9-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 08:48:13 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: dadunj Date: 16-Dec-2019 10:47:21

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.886   46896693 0.79  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.387   34602943 0.77   1.3318        55.4        55.4   0.1641   0.1641  55.40
  2,3,7,8-TCDF 17.402    7505422 0.75   0.9005        24.1        24.1   0.1118   0.1118
A Non-2,3,7,8-sub-TCDF 17.062    5586816 0.77   0.9005        18.0        17.9   0.1118     10.2  RQa
S Total TCDF        42.1        42.0   0.1118   0.1118  RQ

D 13C-2,3,7,8-TCDD 18.083   27056171 0.77   0.9647        59.8        59.8   0.1273   0.1273  59.81
  2,3,7,8-TCDD 18.098    1658923 0.76   1.0698       5.731       5.731   0.0740   0.0740  M
$ 37Cl4-2,3,7,8-TCDD 18.098   25621590   1.3082        41.8        41.8   0.0561   0.0561    104

A Non-2,3,7,8-sub-TCDD 17.516     399135 0.77   1.0698       1.440       1.379   0.0740   0.6234  RQMa
S Total TCDD       7.172       7.110   0.0740   0.0740  RQ

D 13C-1,2,3,7,8-PeCDF 22.413   28768084 1.59   1.0537        58.2        58.2   0.1197   0.1197  58.22
  1,2,3,7,8-PeCDF 22.427     163763 1.55   0.9704      0.5866      0.5866   0.0483   0.0483  M
D 13C-2,3,4,7,8-PeCDF 23.750   29867711 1.57   1.0173        62.6        62.6   0.1240   0.1240  62.61
  2,3,4,7,8-PeCDF 23.777      97159 1.57   0.9986      0.3258      0.3258   0.0501   0.0501
A F1 PeCDFs 19.776      23714 1.33   0.9845      0.0822      0.0822   0.0380   0.0822  M
A Non-2,3,7,8-sub-PeCDF 22.933     135768 1.41   0.9845      0.4704      0.4704   0.0492   0.3130  M
S Total PeCDF       1.465       1.465   0.0492   0.0492

D 13C-1,2,3,7,8-PeCDD 24.486   21830438 1.58   0.7281        63.9        63.9   0.0869   0.0869  63.93
  1,2,3,7,8-PeCDD 24.472   0.0583   0.0583
A Non-2,3,7,8-sub-PeCDD 23.368     233682 1.55   1.0023       1.232       1.068   0.0583   0.5734  RQM
S Total PeCDD       1.232       1.068   0.0583   0.0583  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.570   22818936 0.51   0.9632        61.3        61.3   0.1527   0.1527  61.34
  1,2,3,4,7,8-HxCDF 30.597     159267 1.24   1.0315      0.6767      0.6767   0.0441   0.0441
D 13C-1,2,3,6,7,8-HxCDF 30.756   21814650 0.50   1.0646        53.1        53.1   0.1381   0.1381  53.05
  1,2,3,6,7,8-HxCDF 30.743      35697 1.24   1.0235      0.2021      0.1599   0.0464   0.0464  RQ
D 13C-2,3,4,6,7,8-HxCDF 31.581   20818718 0.50   0.9696        55.6        55.6   0.1517   0.1517  55.59
  2,3,4,6,7,8-HxCDF 31.568   0.0354   0.0354
D 13C-1,2,3,7,8,9-HxCDF 32.380   20193009 0.49   0.8955        58.4        58.4   0.1642   0.1642  58.38
  1,2,3,7,8,9-HxCDF 32.380   0.0335   0.0335
A Non-2,3,7,8-sub-HxCDF 30.237      65143 1.16   1.0465      0.2907      0.2907   0.0392   0.1536
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF       1.170       1.127   0.0398   0.0398  RQ

* 13C-1,2,3,7,8,9-HxCDD 32.194   38625568 1.25  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.768   20203978 1.27   0.7590        68.9        68.9   0.1626   0.1626  68.92
  1,2,3,4,7,8-HxCDD 31.781      24668 1.22   1.0054      0.1214      0.1214   0.0365   0.0365  M
D 13C-1,2,3,6,7,8-HxCDD 31.874   20737338 1.26   0.9247        58.1        58.1   0.1335   0.1335  58.06
  1,2,3,6,7,8-HxCDD 31.888      37361 1.16   0.9833      0.1832      0.1832   0.0373   0.0373  Ma
  1,2,3,7,8,9-HxCDD 32.220     100768 1.26   1.1036      0.4461      0.4461   0.0333   0.0333
A Non-2,3,7,8-sub-HxCDD 30.870    1247787 1.24   1.0308       5.971       5.914   0.0356    4.530  RQ
S Total HxCDD       6.721       6.664   0.0357   0.0357  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.805   18561549 0.43   0.7930        60.6        60.6   0.2777   0.2777  60.60
  1,2,3,4,6,7,8-HpCDF 33.817     132380 0.94   1.4240      0.5008      0.5008   0.0225   0.0225  M
D 13C-1,2,3,4,7,8,9-HpCDF 34.874   20474709 0.43   0.7296        72.7        72.7   0.3019   0.3019  72.66
  1,2,3,4,7,8,9-HpCDF 34.874      22942 1.04   1.2834      0.1032      0.0873   0.0246   0.0246  RQ
A Non-2,3,7,8-sub-HpCDF 34.340     166524 1.07   1.3537      0.6303      0.6303   0.0235   0.6303
S Total HpCDF       1.234       1.218   0.0236   0.0236  RQ

D 13C-1,2,3,4,6,7,8-HpCDD 34.595   21091287 1.04   0.7532        72.5        72.5   0.1686   0.1686  72.50
  1,2,3,4,6,7,8-HpCDD 34.595    1264870 1.05   1.0174       5.895       5.895   0.0873   0.0873
A Non-2,3,7,8-sub-HpCDD 34.309    3654318 1.05   1.0174        17.0        17.0   0.0873     17.0
S Total HpCDD        22.9        22.9   0.0873   0.0873

D 13C-OCDD 36.915   36741470 0.91   0.5621       169.2       169.2   0.1059   0.1059  84.62
  OCDF 37.011     812028 0.92   1.3047       3.388       3.388   0.0358   0.0358
  OCDD 36.915   35992297 0.88   1.0997       178.2       178.2   0.1027   0.1027

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A          
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Sample Type: Client
Inject. Date: 13-Dec-2019 17:53:57 ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-9-A  320-56911-A-9-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 08:48:13 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: dadunj Date: 16-Dec-2019 10:47:21

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.886 17.856    2   20753314    5065583   3199   7997   1583
333.9339 17.886 17.856    2   26143379    6516883   2490   6225   2617  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.387 17.357    2  0.972   15099152    3847163   6258  15645    615
317.9389 17.387 17.357    2  0.972   19503791    4931574   3867   9667   1275  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.402 17.372    2  1.001    3213188     764084   1310   3275    583
305.8987 17.402 17.372    2  1.001    4292234    1036133   2225   5562    466  0.75(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQa

303.9016 15.724 17.062  -80  0.904      19263       5633   1310   3275      4
305.8987 15.724 17.062  -80  0.904      32912       8771   2225   5562      4  0.59(0.65-0.89)

Empc Correction      25016       7315   2225   5562      3

303.9016 15.981 17.062  -65  0.919     111123      30948   1310   3275     24
305.8987 15.981 17.062  -65  0.919     151816      40715   2225   5562     18  0.73(0.65-0.89)

303.9016 16.268 17.062  -48  0.936     144636      32591   1310   3275     25
305.8987 16.268 17.062  -48  0.936     194118      42023   2225   5562     19  0.75(0.65-0.89)

303.9016 16.495 17.062  -34  0.949      96345      25259   1310   3275     19
305.8987 16.495 17.062  -34  0.949     127371      31255   2225   5562     14  0.76(0.65-0.89)

303.9016 16.737 17.062  -19  0.963     136212      30112   1310   3275     23
305.8987 16.737 17.062  -19  0.963     173920      40705   2225   5562     18  0.78(0.65-0.89)

303.9016 17.009 17.062   -3  0.978    1390261     345416   1310   3275    264
305.8987 17.024 17.062   -2  0.979    1777371     442525   2225   5562    199  0.78(0.65-0.89)

303.9016 17.236 17.062   10  0.991      79714      17178   1310   3275     13
305.8987 17.236 17.062   10  0.991      93341      22948   2225   5562     10  0.85(0.65-0.89)
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 17.826 17.062   46  1.025     207930      47190   1310   3275     36
305.8987 17.826 17.062   46  1.025     264353      59676   2225   5562     27  0.79(0.65-0.89)

303.9016 18.067 17.062   60  1.039      43033       8419   1310   3275      6
Empc Correction      21044       7879   1310   3275      6

305.8987 18.052 17.062   59  1.038      27331      10233   2225   5562      5  1.57(0.65-0.89)

303.9016 19.232 17.062  130  1.106     245410      47677   1310   3275     36 a
305.8987 19.232 17.062  130  1.106     300241      63926   2225   5562     29  0.82(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 18.083 18.052    2  1.011   11755940    2826914   3199   7997    884
333.9339 18.083 18.052    2  1.011   15300231    3674286   2490   6225   1476  0.77(0.65-0.89)

2,3,7,8-TCDD M
319.8965 18.098 18.068    2  1.001     714047     160090   1059   2647    151 M
321.8936 18.098 18.068    2  1.001     944876     217491    999   2497    218  0.76(0.65-0.89) M

37Cl4-2,3,7,8-TCDD
327.8847 18.098 18.068    2  1.012   25621590    5838239   3403   8507   1716

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 16.964 17.516  -33  0.938      77423      21608   1059   2647     20
321.8936 16.964 17.516  -33  0.938     103002      28235    999   2497     28  0.75(0.65-0.89)

319.8965 17.856 17.516   20  0.987      17172       4337   1059   2647      4
321.8936 17.856 17.516   20  0.987      27369       6428    999   2497      6  0.63(0.65-0.89)

Empc Correction      22301       5632    999   2497      6

319.8965 18.022 17.516   30  0.997      13556       3874   1059   2647      4 M
321.8936 18.007 17.516   29  0.996      17678       5679    999   2497      6  0.77(0.65-0.89)

319.8965 18.461 17.516   57  1.021      77091      16366   1059   2647     15
Empc Correction      64385      14375   1059   2647     14

321.8936 18.461 17.516   57  1.021      83618      18669    999   2497     19  0.92(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.413 22.372    2  1.253   17643197    3207651   3566   8915    900
353.8970 22.413 22.372    2  1.253   11124887    2033699   2277   5692    893  1.59(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 22.427 22.400    2  1.001      99595      16444    392    980     42 M
341.8567 22.427 22.400    2  1.001      64168      10320    590   1475     17  1.55(1.32-1.78) M

13C-2,3,4,7,8-PeCDF
351.9000 23.750 23.722    2  1.328   18256168    2993073   3566   8915    839
353.8970 23.763 23.722    2  1.329   11611543    1910224   2277   5692    839  1.57(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.777 23.750    2  1.001      59310       9813    392    980     25
341.8567 23.791 23.750    2  1.002      37849       5253    590   1475      9  1.57(1.32-1.78)

A F1 PeCDFs M

339.8597 19.504 19.776  -16  0.870      13540       2560    367    917      7
341.8567 19.504 19.776  -16  0.870      10174       1826    393    982      5  1.33(1.32-1.78) M

A Non-2,3,7,8-sub-PeCDF M

339.8597 21.063 22.933 -112  0.940      52351       8616    392    980     22
341.8567 21.090 22.933 -110  0.941      37988       6131    590   1475     10  1.38(1.32-1.78)
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

339.8597 22.945 22.933    1  1.024      27178       4429    392    980     11 M
341.8567 22.945 22.933    1  1.024      18251       3202    590   1475      5  1.49(1.32-1.78) M

13C-1,2,3,7,8-PeCDD
367.8949 24.486 24.445    2  1.369   13355878    2024903   1706   4265   1187
369.8919 24.472 24.445    2  1.368    8474560    1341838   1227   3067   1094  1.58(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.472     443    1107
357.8516 24.472     344     860

A Non-2,3,7,8-sub-PeCDD RQM

355.8546 21.281 23.368 -125  0.869      33254       6299    443   1107     14
357.8516 21.281 23.368 -125  0.869      53163       9027    344    860     26  0.63(1.32-1.78)

Empc Correction      21454       4063    344    860     12

355.8546 22.018 23.368  -81  0.899      73744      14474    443   1107     33 M
357.8516 22.031 23.368  -80  0.900      51728      10033    344    860     29  1.43(1.32-1.78)

355.8546 23.531 23.368   10  0.961      32521       3777    443   1107      9
357.8516 23.518 23.368    9  0.960      25216       3354    344    860     10  1.29(1.32-1.78)

Empc Correction      20981       2436    344    860      7

13C-1,2,3,4,7,8-HxCDF
383.8639 30.570 30.543    2  0.950    7664780    1434100   1986   4965    722
385.8610 30.570 30.543    2  0.950   15154156    2861513   4124  10310    694  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.597 30.557    2  1.001      88136      15914    418   1045     38
375.8178 30.570 30.557    1  1.000      71131      12117    364    910     33  1.24(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.756 30.716    2  0.955    7257662    1379822   1986   4965    695
385.8610 30.756 30.716    2  0.955   14556988    2739849   4124  10310    664  0.50(0.43-0.59)

1,2,3,6,7,8-HxCDF RQ
373.8208 30.743 30.743    0  1.000      19761       3554    418   1045      9
375.8178 30.783 30.743    2  1.001      25365       5224    364    910     14  0.78(1.05-1.43)

Empc Correction      15936       2866    364    910      8

13C-2,3,4,6,7,8-HxCDF
383.8639 31.581 31.555    2  0.981    6985578    1747909   1986   4965    880
385.8610 31.581 31.555    2  0.981   13833140    3440168   4124  10310    834  0.50(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.568     418    1045
375.8178 31.568     364     910

13C-1,2,3,7,8,9-HxCDF
383.8639 32.380 32.367    1  1.006    6604458    1789497   1986   4965    901
385.8610 32.380 32.367    1  1.006   13588551    3685585   4124  10310    894  0.49(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.380     418    1045
375.8178 32.380     364     910

A Non-2,3,7,8-sub-HxCDF

373.8208 28.414 30.237 -109  0.929      18578       2324    418   1045      6
375.8178 28.400 30.237 -110  0.929      15832       2632    364    910      7  1.17(1.05-1.43)

Page 678 of 1734



Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

373.8208 29.785 30.237  -27  0.974      16381       2302    418   1045      6
375.8178 29.745 30.237  -29  0.973      14352       1798    364    910      5  1.14(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 32.194 32.181    1   21494287    5715601   2741   6852   2085
403.8529 32.194 32.181    1   17131281    4670823   2387   5967   1957  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.768 31.741    2  0.987   11298192    3049095   2741   6852   1112
403.8529 31.768 31.741    2  0.987    8905786    2412519   2387   5967   1011  1.27(1.05-1.43)

1,2,3,4,7,8-HxCDD M
389.8157 31.781 31.755    2  1.000      13558       4106    371    927     11 M
391.8127 31.768 31.755    1  1.000      11110       2978    431   1077      7  1.22(1.05-1.43) M

13C-1,2,3,6,7,8-HxCDD
401.8559 31.874 31.848    2  0.990   11553863    3007169   2741   6852   1097
403.8529 31.874 31.848    2  0.990    9183475    2456090   2387   5967   1029  1.26(1.05-1.43)

1,2,3,6,7,8-HxCDD Ma
389.8157 31.888 31.861    2  1.000      20087       4329    371    927     12 M
391.8127 31.874 31.861    1  1.000      17274       3858    431   1077      9  1.16(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.220 32.194    2  1.014      56268       8928    371    927     24
391.8127 32.194 32.194    0  1.013      44500       7955    431   1077     18  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQ

389.8157 29.598 30.870  -76  0.929     521248      59372    371    927    160
391.8127 29.612 30.870  -75  0.929     434694      53264    431   1077    124  1.20(1.05-1.43)

389.8157 30.636 30.870  -14  0.961      26994       3902    371    927     11
Empc Correction      18526       3423    371    927      9

391.8127 30.663 30.870  -12  0.962      14941       2761    431   1077      6  1.81(1.05-1.43)

389.8157 31.022 30.870    9  0.973     123252      24099    371    927     65
391.8127 31.022 30.870    9  0.973     107835      21109    431   1077     49  1.14(1.05-1.43)

389.8157 31.222 30.870   21  0.980      15108       3379    371    927      9
391.8127 31.222 30.870   21  0.980      15729       4038    431   1077      9  0.96(1.05-1.43)

Empc Correction      12183       2724    431   1077      6

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.805 33.780    1  1.050    5537477    1939197   3159   7897    614
419.8220 33.805 33.780    1  1.050   13024072    4491425   5991  14977    750  0.43(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7818 33.817 33.793    1  1.000      64010      20633    465   1162     44
409.7789 33.817 33.793    1  1.000      68370      23763    360    900     66  0.94(0.88-1.20) M

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.874 34.862    1  1.083    6126606    1953884   3159   7897    619
419.8220 34.874 34.862    1  1.083   14348103    4578393   5991  14977    764  0.43(0.37-0.51)

1,2,3,4,7,8,9-HpCDF RQ
407.7818 34.874 34.862    1  1.000      11696       3127    465   1162      7
409.7789 34.887 34.862    1  1.000      15434       4311    360    900     12  0.76(0.88-1.20)

Empc Correction      11246       3006    360    900      8
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDF

407.7818 34.109 34.340  -14  1.009      86239      27817    465   1162     60
409.7789 34.109 34.340  -14  1.009      80285      24543    360    900     68  1.07(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.595 34.570    1  1.075   10746207    3352422   2741   6852   1223
437.8140 34.583 34.570    1  1.074   10345080    3210463   2536   6340   1266  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.595 34.583    1  1.000     646605     194554   1203   3007    162
425.7737 34.595 34.583    1  1.000     618265     196165   1130   2825    174  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 34.060 34.309  -15  0.985    1870996     598669   1203   3007    498
425.7737 34.048 34.309  -16  0.984    1783322     571978   1130   2825    506  1.05(0.88-1.20)

13C-OCDD
469.7779 36.915 36.891    1  1.147   17517325    4933302   1265   3162   3900
471.7750 36.915 36.891    1  1.147   19224145    5318415   1208   3020   4403  0.91(0.76-1.02)

OCDF
441.7428 37.011 36.999    1  1.003     389017      98964    362    905    273
443.7399 37.011 36.999    1  1.003     423011     107621    597   1492    180  0.92(0.76-1.02)

OCDD
457.7377 36.915 36.903    1  1.000   16875610    4640792   1099   2747   4223
459.7348 36.915 36.903    1  1.000   19116687    5301154   1217   3042   4356  0.88(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Inject. Date: 13-Dec-2019 17:53:57 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDF, RT: 17.062

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.901 D 13C-2,3,7,8-TCDF                        100.000        34602943         8778737
Averages:

RRFn Qis Ris Area Ris Height
  0.901        100.000        34602943         8778737

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.724             19263              5633             32912              8771      0.1674 0.59 RQ
15.724             19263              5633             25016              7315      0.1421 Empc Correction
15.981            111123             30948            151816             40715      0.8438 0.73
16.268            144636             32591            194118             42023        1.09 0.75
16.495             96345             25259            127371             31255      0.7179 0.76
16.737            136212             30112            173920             40705        1.00 0.78
17.009           1390261            345416           1777371            442525        10.2 0.78
17.236             79714             17178             93341             22948      0.5554 0.85
17.826            207930             47190            264353             59676        1.52 0.79
18.067             43033              8419             27331             10233      0.2258 1.57 RQ
18.067             21044              7879             27331             10233      0.1552 Empc Correction
19.232            245410             47677            300241             63926        1.75 0.82 a
Signal Totals:

          2451938            589883           3134878            761321
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          5616701           1353200 0.79 RQa
          5586816           1351204 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         18.025 = (5616701 * 100.000) / (34602943 * 0.901)
Empc Amount:         17.929 = (5586816 * 100.000) / (34602943 * 0.901)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Inject. Date: 13-Dec-2019 17:53:57 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDD, RT: 17.516

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.070 D 13C-2,3,7,8-TCDD                        100.000        27056171         6501200
Averages:

RRFn Qis Ris Area Ris Height
  1.070        100.000        27056171         6501200

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.964             77423             21608            103002             28235      0.6234 0.75
17.856             17172              4337             27369              6428      0.1539 0.63 RQ
17.856             17172              4337             22301              5632      0.1364 Empc Correction
18.022             13556              3874             17678              5679      0.1079 0.77 Ma
18.461             77091             16366             83618             18669      0.5552 0.92 RQ
18.461             64385             14375             83618             18669      0.5113 Empc Correction
Signal Totals:

           172536             44194            226599             58215
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           416909            105196 0.80 RQMa
           399135            102409 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.440 = (416909 * 100.000) / (27056171 * 1.070)
Empc Amount:          1.379 = (399135 * 100.000) / (27056171 * 1.070)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Inject. Date: 13-Dec-2019 17:53:57 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 9

F1 PeCDFs, RT: 19.776

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    0.970 D 13C-1,2,3,7,8-PeCDF                     100.000        28768084         5241350
  2,3,4,7,8-PeCDF                    0.999 D 13C-2,3,4,7,8-PeCDF                     100.000        29867711         4903297
Averages:

RRFn Qis Ris Area Ris Height
  0.984        100.000        29317897         5072323

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

19.504             13540              2560             10174              1826      0.0822 1.33 M
Signal Totals:

            13540              2560             10174              1826
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            23714              4386 1.33 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.0822 = (23714 * 100.000) / (29317897 * 0.984)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Inject. Date: 13-Dec-2019 17:53:57 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 9

Non-2,3,7,8-sub-PeCDF, RT: 22.933

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    0.970 D 13C-1,2,3,7,8-PeCDF                     100.000        28768084         5241350
  2,3,4,7,8-PeCDF                    0.999 D 13C-2,3,4,7,8-PeCDF                     100.000        29867711         4903297
Averages:

RRFn Qis Ris Area Ris Height
  0.984        100.000        29317897         5072323

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

21.063             52351              8616             37988              6131      0.3130 1.38
22.945             27178              4429             18251              3202      0.1574 1.49 M
Signal Totals:

            79529             13045             56239              9333
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           135768             22378 1.41 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.4704 = (135768 * 100.000) / (29317897 * 0.984)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Inject. Date: 13-Dec-2019 17:53:57 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 9

Non-2,3,7,8-sub-PeCDD, RT: 23.368

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.002 D 13C-1,2,3,7,8-PeCDD                     100.000        21830438         3366741
Averages:

RRFn Qis Ris Area Ris Height
  1.002        100.000        21830438         3366741

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

21.281             33254              6299             53163              9027      0.3949 0.63 RQ
21.281             33254              6299             21454              4063      0.2500 Empc Correction
22.018             73744             14474             51728             10033      0.5734 1.43 M
23.531             32521              3777             25216              3354      0.2639 1.29 RQ
23.531             32521              3777             20981              2436      0.2445 Empc Correction
Signal Totals:

           139519             24550             94163             16532
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           269626             46964 1.07 RQM
           233682             41082 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.232 = (269626 * 100.000) / (21830438 * 1.002)
Empc Amount:          1.068 = (233682 * 100.000) / (21830438 * 1.002)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Inject. Date: 13-Dec-2019 17:53:57 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDF, RT: 30.237

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.031 D 13C-1,2,3,4,7,8-HxCDF                   100.000        22818936         4295613
  1,2,3,6,7,8-HxCDF                  1.024 D 13C-1,2,3,6,7,8-HxCDF                   100.000        21814650         4119671
  2,3,4,6,7,8-HxCDF                  1.065 D 13C-2,3,4,6,7,8-HxCDF                   100.000        20818718         5188077
  1,2,3,7,8,9-HxCDF                  1.066 D 13C-1,2,3,7,8,9-HxCDF                   100.000        20193009         5475082
Averages:

RRFn Qis Ris Area Ris Height
  1.046        100.000        21411328         4769610

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

28.414             18578              2324             15832              2632      0.1536 1.17
29.785             16381              2302             14352              1798      0.1372 1.14
Signal Totals:

            34959              4626             30184              4430
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            65143              9056 1.16

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2907 = (65143 * 100.000) / (21411328 * 1.046)
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Inject. Date: 13-Dec-2019 17:53:57 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDD, RT: 30.870

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.005 D 13C-1,2,3,4,7,8-HxCDD                   100.000        20203978         5461614
  1,2,3,6,7,8-HxCDD                  0.983 D 13C-1,2,3,6,7,8-HxCDD                   100.000        20737338         5463259
  1,2,3,7,8,9-HxCDD                  1.104
Averages:

RRFn Qis Ris Area Ris Height
  1.031        100.000        20470658         5462436

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.598            521248             59372            434694             53264        4.53 1.20
30.636             26994              3902             14941              2761      0.1987 1.81 RQ
30.636             18526              3423             14941              2761      0.1586 Empc Correction
31.022            123252             24099            107835             21109        1.10 1.14
31.222             15108              3379             15729              4038      0.1461 0.96 RQ
31.222             15108              3379             12183              2724      0.1293 Empc Correction
Signal Totals:

           678134             90273            569653             79858
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1259801            171924 1.20 RQ
          1247787            170131 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.971 = (1259801 * 100.000) / (20470658 * 1.031)
Empc Amount:          5.914 = (1247787 * 100.000) / (20470658 * 1.031)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Inject. Date: 13-Dec-2019 17:53:57 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDF, RT: 34.340

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.424 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        18561549         6430622
  1,2,3,4,7,8,9-HpCDF                1.283 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        20474709         6532277
Averages:

RRFn Qis Ris Area Ris Height
  1.354        100.000        19518129         6481449

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

34.109             86239             27817             80285             24543      0.6303 1.07
Signal Totals:

            86239             27817             80285             24543
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           166524             52360 1.07

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.6303 = (166524 * 100.000) / (19518129 * 1.354)
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Lims ID: 320-56911-A-9-A
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Inject. Date: 13-Dec-2019 17:53:57 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDD, RT: 34.309

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.017 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        21091287         6562885
Averages:

RRFn Qis Ris Area Ris Height
  1.017        100.000        21091287         6562885

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

34.060           1870996            598669           1783322            571978        17.0 1.05
Signal Totals:

          1870996            598669           1783322            571978
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          3654318           1170647 1.05

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         17.030 = (3654318 * 100.000) / (21091287 * 1.017)
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  18.10
Area: 727599
Amount:    5.839310
Amount Units: pg/ul
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Manual Integration Results
RT:  18.10
Area: 714047
Amount:    5.731410
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:43:19
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:48:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  18.10
Area: 962555
Amount:    5.839310
Amount Units: pg/ul
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Manual Integration Results
RT:  18.10
Area: 944876
Amount:    5.731410
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:43:22
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 15.82- 19.22)
Signal: 1

Processing Integration Results
Not Detected
RT:  15.82- 19.22
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Manual Integration Results
RT = 18.022 Area = 13556 M
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Reviewer: dadunj, 16-Dec-2019 10:43:39
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  22.43
Area: 98276
Amount:    0.598556
Amount Units: pg/ul
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Manual Integration Results
RT:  22.43
Area: 99595
Amount:    0.586620
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:44:06
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  22.43
Area: 68819
Amount:    0.598556
Amount Units: pg/ul
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Manual Integration Results
RT:  22.43
Area: 64168
Amount:    0.586620
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:44:11
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

F1 PeCDFs, Signal: 2,   m/z: 341.8567, RT: ( 19.44- 20.11)
Signal: 2

Processing Integration Results
RT = 19.504 Area = 11824
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Manual Integration Results
RT = 19.504 Area = 10174 M
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Reviewer: dadunj, 16-Dec-2019 10:44:26
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 20.12- 25.74)
Signal: 1

Processing Integration Results
RT = 22.945 Area = 30815
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Manual Integration Results
RT = 22.945 Area = 27178 M

22.3 22.5 22.7 22.9 23.1 23.3 23.5 23.7
Min

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

00
)

F2:m/z     339.8597:SG5Pt_x1

Reviewer: dadunj, 16-Dec-2019 10:44:48
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 20.12- 25.74)
Signal: 2

Processing Integration Results
RT = 22.945 Area = 17043
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Manual Integration Results
RT = 22.945 Area = 18251 M
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Reviewer: dadunj, 16-Dec-2019 10:44:42
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 21.21- 25.53)
Signal: 1

Processing Integration Results
RT = 22.018 Area = 74556
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Manual Integration Results
RT = 22.018 Area = 73744 M

21.4 21.6 21.8 22.0 22.2 22.4 22.6
Min

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
)

F2:m/z     355.8546:SG5Pt_x1

Reviewer: dadunj, 16-Dec-2019 10:45:03
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  31.89
Area: 33644
Amount:    0.305361
Amount Units: pg/ul
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Manual Integration Results
RT:  31.78
Area: 13558
Amount:    0.121441
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:45:38
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.87
Area: 28383
Amount:    0.305361
Amount Units: pg/ul
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Manual Integration Results
RT:  31.77
Area: 11110
Amount:    0.121441
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:45:40
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  31.87
Area: 28383
Amount:    0.304185
Amount Units: pg/ul
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Manual Integration Results
RT:  31.87
Area: 17274
Amount:    0.183221
Amount Units: pg/ul

31.4 31.6 31.8 32.0 32.2
Min

RT

18

24

30

36

42

48

54

60

66

72

78

84

90

96

Y
 ( 

X
10

0)

F3:m/z     391.8127:SG5Pt_x1

 3
1.

87
4

Reviewer: dadunj, 16-Dec-2019 10:45:45
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  31.89
Area: 62027
Amount:    0.304185
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 37361
Amount:    0.183221
Amount Units: pg/ul
Reviewer: dadunj, 16-Dec-2019 10:45:45
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  31.89
Area: 33644
Amount:    0.304185
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 20087
Amount:    0.183221
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:45:47
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Instrument ID: 10D5
Lims ID: 320-56911-A-9-A          Lab Sample ID: 320-56911-9              
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  33.82
Area: 70289
Amount:    0.508085
Amount Units: pg/ul

33.4 33.6 33.8 34.0 34.2
Min

1

3

5

7

9

11

13

15

17

19

21

23

25

27

29

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

 3
3.

81
7

Manual Integration Results
RT:  33.82
Area: 68370
Amount:    0.500825
Amount Units: pg/ul
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)

F4:m/z     409.7789:SG5Pt_x1

 3
3.
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Reviewer: dadunj, 16-Dec-2019 10:45:57
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          17.40

Non-2,3,7,8-sub-TCDF
          19.23

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          17.40

Non-2,3,7,8-sub-TCDF
          19.23

TCDF Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

6

12

18

24

30

36

42

48

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.39

14.17

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

8

16

24

32

40

48
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Y
 ( 

X
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00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.39

14.17 16.99
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Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

9

18

27

36

45

54

63

72

81

90

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          17.40

Non-2,3,7,8-sub-TCDF
          19.23

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          17.40

Non-2,3,7,8-sub-TCDF
          19.23

TCDF Interference Mass

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

13

16

19

22

25

28

31

34

37

40

43

Y
 ( 

X
10

0)

F1:m/z     375.8364:SG5Pt_x1

18.57

17.01
15.85

18.26
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Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          18.10

Non-2,3,7,8-sub-TCDD
          16.96

19.67

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F1:m/z     321.8936:SG5Pt_x1
2,3,7,8-TCDD
          18.10

Non-2,3,7,8-sub-TCDD
          16.96 Non-2,3,7,8-sub-TCDD

          18.46

TCDD Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

10

21

32

43

54

65

76

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08
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Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

6

13

20

27

34

41

48

55

62

69

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          18.10

14.51 15.57 16.84

37Cl4-TCDD Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

6

13

20

27

34

41

48

55

62

69

76

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

12

15

18

21

24

27

30

33

36

39

42

45

48

51

54

57

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  19.50

14.20

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

15

18

21

24

27

30

33

36

39

42

45

48

51

54
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60
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Y
 ( 

X
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0)

F1:m/z     341.8567:SG5Pt_x1

14.18

F1 PeCDFs
  19.50
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Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

12

16

20

24

28

32

36

40

44

48

52

56

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  19.50

14.20

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

15

20
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40

45
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60
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Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1

14.18

F1 PeCDFs
  19.50

F1 PeCDFs Interference Mass

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

12

16

20

24

28

32

36

40

44

48

52

Y
 ( 

X
10

0)

F1:m/z     409.7974:SG5Pt_x1

13.85 14.98
15.68
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Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

4

7

10

13

16

19

22

Y
 ( 

X
10

00
)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          22.43

2,3,4,7,8-PeCDF
          23.78Non-2,3,7,8-sub-PeCDF

          21.06

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

3

5

7

9
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13
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Y
 ( 

X
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00
)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.43

Non-2,3,7,8-sub-PeCDF
          21.09

PeCDF Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
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00
00

)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.41

22.93

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
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0

4
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20
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Y
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)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.41

22.92
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Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

3

5

7

9

11

13

15

17

19

21

23

Y
 ( 

X
10

00
)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.43

2,3,4,7,8-PeCDF
          23.78Non-2,3,7,8-sub-PeCDF

          21.06

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.43

Non-2,3,7,8-sub-PeCDF
          21.09

PeCDF Interference Mass

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

12

18

24
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36
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48
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Y
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X
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F2:m/z     409.7974:SG5Pt_x1

22.82
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Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

4

7

10

13

16

19

Y
 ( 

X
10

00
)

F2:m/z     355.8546:SG5Pt_x1
Non-2,3,7,8-sub-PeCDD
          22.02

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1
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9
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Y
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X
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)

F2:m/z     357.8516:SG5Pt_x1

PeCDD Standards
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Y
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X
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)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.49

22.44
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F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47

22.43
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Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

2

5

8

11

14

17

20

23

Y
 ( 

X
10

00
)

F3:m/z     373.8208:SG5Pt_x1
1,2,3,4,7,8-HxCDF
          30.60

Non-2,3,7,8-sub-HxCDF
          28.41 31.46

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
)

F3:m/z     375.8178:SG5Pt_x1
1,2,3,4,7,8-HxCDF
          30.57

1,2,3,6,7,8-HxCDF
          30.78Non-2,3,7,8-sub-HxCDF

          28.40 32.4131.59

HxCDF Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

3

6
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15

18
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Y
 ( 
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)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.38
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0
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18
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Y
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)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.38
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Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.60

1,2,3,6,7,8-HxCDF
          30.74Non-2,3,7,8-sub-HxCDF

          28.41

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.57

1,2,3,6,7,8-HxCDF
          30.78

Non-2,3,7,8-sub-HxCDF
          28.40

32.4131.59

HxCDF Interference Mass

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

24

30

36

42

48

54

60

66

72
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84

90

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1

32.29
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

11

21

31

41

51

61

71

Y
 ( 

X
10

00
)

F3:m/z     389.8157:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          29.60

L 1,2,3,7,8,9-HxCDD
          32.22

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

10

19

28

37

46

55

64

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.61

Non-2,3,7,8-sub-HxCDD
          31.02

32.50

HxCDD Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.19

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.19
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

6

11

16

21

26

31

36

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.82

1,2,3,4,7,8,9-HpCDF
          34.87

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

6

11

16

21

26

31

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,7,8,9-HpCDF
          34.89

33.72

HpCDF Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          34.87

13C-1,2,3,4,6,7,8-HpCDF
          33.81

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,7,8,9-HpCDF
          34.87

13C-1,2,3,4,6,7,8-HpCDF
          33.81
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

4

7

10

13

16

19

22

25

28

31

34

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.82

1,2,3,4,7,8,9-HpCDF
          34.87

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

4

7

10

13

16

19

22

25

28

31

34

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,7,8,9-HpCDF
          34.89

33.72

HpCDF Interference Mass

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

14

18

22

26

30

34

38

42

46

50

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F4:m/z     423.7766:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          34.06

1,2,3,4,6,7,8-HpCDD
          34.59

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          34.05

1,2,3,4,6,7,8-HpCDD
          34.59

HpCDD Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.59

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.58
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  37.01

OCDF Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.92

37.55

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.92
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.01

OCDF Interference Mass

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

10

18

26

34

42

50

58

66

74

82

90

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1

36.52
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.92

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.92

OCDD Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.92

37.55

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.92
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 16-Dec-2019 08:48:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_9.d
Injection Date: 13-Dec-2019 17:53:57 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345335 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1

Page 727 of 1734



FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (0-1) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-9 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_010.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:10

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/17/2019  01:08

Low2(uL)

20(uL)

% Moisture: 35.9

Sample wt/vol: 10.15(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.5 0.3851207-31-9 2,3,7,8-TCDF 78

%RECCAS NO. LIMITSQISOTOPE DILUTION

61 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

108 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:38:31 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_010.d
Lims ID: 320-56911-A-9-A          
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Sample Type: Client
Inject. Date: 17-Dec-2019 01:08:15 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-9-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:34:41

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.382   83193629 0.79  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.562   67555455 0.81   1.3379        60.7        60.7   0.3074   0.3074  60.69
  2,3,7,8-TCDF 16.589   14355333 0.77   0.8389        25.3        25.3   0.1236   0.1236
D 13C-2,3,7,8-TCDD 15.135   46993644 0.74   0.9388        60.2        60.2   0.8122   0.8122  60.17
  2,3,7,8-TCDD 15.149    3053007 0.66   1.1538       5.631       5.631   0.1154   0.1154
$ 37Cl4-2,3,7,8-TCDD 15.149   42652142   1.1816        43.4        43.4   0.1007   0.1007    108

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 17-Dec-2019 09:38:31 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_010.d
Lims ID: 320-56911-A-9-A          
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Sample Type: Client
Inject. Date: 17-Dec-2019 01:08:15 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-9-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:34:41

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.382 15.383    0   36833943    8012755  29152  72880    275
333.9339 15.382 15.383    0   46359686   10261046  26585  66462    386  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.562 16.576   -1  1.077   30315303    5911929  17349  43372    341
317.9389 16.575 16.576    0  1.078   37240152    7132262  12709  31772    561  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.589 16.590    0  1.002    6266709    1248924   2271   5677    550
305.8987 16.589 16.590    0  1.002    8088624    1605919   3138   7845    512  0.77(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.135 15.122    1  0.984   19953291    4340612  29152  72880    149
333.9339 15.135 15.122    1  0.984   27040353    6091385  26585  66462    229  0.74(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.149 15.149    0  1.001    1219014     286776   3422   8555     84
321.8936 15.149 15.149    0  1.001    1833993     372258   2133   5332    175  0.66(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.149 15.149    0  0.985   42652142    9174970   8694  21735   1055

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 17-Dec-2019 09:38:31 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_010.d
Injection Date: 17-Dec-2019 01:08:15 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345960 Sample Line#: 10
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.09

17.28 18.9614.05

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.09

17.28 18.96

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.56

12.05

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

11

22

33

44

55

66

77

88

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.58

12.05 16.96 18.98
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Report Date: 17-Dec-2019 09:38:31 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_010.d
Injection Date: 17-Dec-2019 01:08:15 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345960 Sample Line#: 10
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-2

2

6

10

14

18

22

26

30

34

38

42

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 17-Dec-2019 09:38:31 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_010.d
Injection Date: 17-Dec-2019 01:08:15 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345960 Sample Line#: 10
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

9

18

27

36

45

54

63

72

81

90

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 17-Dec-2019 09:38:31 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_010.d
Injection Date: 17-Dec-2019 01:08:15 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (0-1)
Worklist#: 345960 Sample Line#: 10
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

45

48

51

54

57

60

63

66

69

72

75

78

81

84

87

90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (1-2)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-10

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_10.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  18:39

Low2(uL)

20(uL)

% Moisture: 28.7

Sample wt/vol: 10.32(g)

N

Analysis Batch No.: 345335 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.131746-01-6 2,3,7,8-TCDD 1.5

6.8 0.1540321-76-4 1,2,3,7,8-PeCDD ND

6.8 0.091J57117-41-6 1,2,3,7,8-PeCDF 0.33

6.8 0.09457117-31-4 2,3,4,7,8-PeCDF ND

6.8 0.083J39227-28-6 1,2,3,4,7,8-HxCDD 0.36

6.8 0.083J B q57653-85-7 1,2,3,6,7,8-HxCDD 0.29

6.8 0.075J19408-74-3 1,2,3,7,8,9-HxCDD 0.71

6.8 0.089J70648-26-9 1,2,3,4,7,8-HxCDF 0.26

6.8 0.09057117-44-9 1,2,3,6,7,8-HxCDF ND

6.8 0.065J72918-21-9 1,2,3,7,8,9-HxCDF 0.31

6.8 0.07160851-34-5 2,3,4,6,7,8-HxCDF ND

6.8 0.14B35822-46-9 1,2,3,4,6,7,8-HpCDD 8.0

6.8 0.057J67562-39-4 1,2,3,4,6,7,8-HpCDF 0.49

6.8 0.061J55673-89-7 1,2,3,4,7,8,9-HpCDF 0.23

14 0.22B3268-87-9 OCDD 190

14 0.13J B39001-02-0 OCDF 3.4

1.4 0.13q41903-57-5 Total TCDD 4.0

1.4 0.12q30402-14-3 Total TCDF 9.1

6.8 0.15J q36088-22-9 Total PeCDD 2.4

6.8 0.093J30402-15-4 Total PeCDF 0.33

6.8 0.080B q34465-46-8 Total HxCDD 11

6.8 0.079J55684-94-1 Total HxCDF 0.57

6.8 0.14B37871-00-4 Total HpCDD 29

6.8 0.059J B38998-75-3 Total HpCDF 1.4

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (1-2)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-10

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_10.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  18:39

Low2(uL)

20(uL)

% Moisture: 28.7

Sample wt/vol: 10.32(g)

N

Analysis Batch No.: 345335 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

58 25-16476523-40-5 13C-2,3,7,8-TCDD

52 24-16989059-46-1 13C-2,3,7,8-TCDF

60 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

56 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

58 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

64 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

53 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

55 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

48 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

53 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

52 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

66 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

55 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

67 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

77 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

104 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Lims ID: 320-56911-A-10-A         
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Sample Type: Client
Inject. Date: 13-Dec-2019 18:39:56 ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-10-A  320-56911-A-10-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 08:49:31 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: dadunj Date: 16-Dec-2019 10:51:10

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.886   50833207 0.77  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.372   35474739 0.79   1.3318        52.4        52.4   0.1323   0.1323  52.40
  2,3,7,8-TCDF 17.402     670910 0.77   0.9005       2.100       2.100   0.0431   0.0431  M
A Non-2,3,7,8-sub-TCDF 17.062     401432 0.77   0.9005       1.341       1.257   0.0431   0.8427  RQa
S Total TCDF       3.441       3.357   0.0431   0.0431  RQ

D 13C-2,3,7,8-TCDD 18.083   28224103 0.79   0.9647        57.6        57.6   0.1248   0.1248  57.56
  2,3,7,8-TCDD 18.113     170280 0.69   1.0698      0.5640      0.5640   0.0485   0.0485
$ 37Cl4-2,3,7,8-TCDD 18.098   27750533   1.3082        41.7        41.7   0.0321   0.0321    104

A Non-2,3,7,8-sub-TCDD 17.516     279366 0.77   1.0698      0.9490      0.9252   0.0485   0.7667  RQ
S Total TCDD       1.513       1.489   0.0485   0.0485  RQ

D 13C-1,2,3,7,8-PeCDF 22.399   29918564 1.56   1.0537        55.9        55.9   0.1120   0.1120  55.86
  1,2,3,7,8-PeCDF 22.413      35228 1.38   0.9704      0.1213      0.1213   0.0336   0.0336  M
D 13C-2,3,4,7,8-PeCDF 23.750   30177940 1.59   1.0173        58.4        58.4   0.1160   0.1160  58.36
  2,3,4,7,8-PeCDF 23.750   0.0346   0.0346
A F1 PeCDFs 19.776   0.0342   0.0342
A Non-2,3,7,8-sub-PeCDF 22.933   0.0341   0.0341
S Total PeCDF      0.1213      0.1213   0.0341   0.0341

D 13C-1,2,3,7,8-PeCDD 24.472   22213840 1.53   0.7281        60.0        60.0   0.0826   0.0826  60.02
  1,2,3,7,8-PeCDD 24.472   0.0539   0.0539
A Non-2,3,7,8-sub-PeCDD 23.368     195556 1.55   1.0023      0.9491      0.8783   0.0539   0.4508  RQ
S Total PeCDD      0.9491      0.8783   0.0539   0.0539  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.557   23199436 0.50   0.9632        55.4        55.4   0.1334   0.1334  55.42
  1,2,3,4,7,8-HxCDF 30.570      23068 1.20   1.0315      0.0964      0.0964   0.0329   0.0329
D 13C-1,2,3,6,7,8-HxCDF 30.743   22291435 0.50   1.0646        48.2        48.2   0.1207   0.1207  48.18
  1,2,3,6,7,8-HxCDF 30.743   0.0331   0.0331
D 13C-2,3,4,6,7,8-HxCDF 31.582   21721625 0.50   0.9696        51.5        51.5   0.1326   0.1326  51.54
  2,3,4,6,7,8-HxCDF 31.568   0.0260   0.0260
D 13C-1,2,3,7,8,9-HxCDF 32.381   20748070 0.51   0.8955        53.3        53.3   0.1435   0.1435  53.31
  1,2,3,7,8,9-HxCDF 32.394      25093 1.24   1.0664      0.1134      0.1134   0.0240   0.0240  M
A Non-2,3,7,8-sub-HxCDF 30.237   0.0285   0.0285

Page 737 of 1734



Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF      0.2098      0.2098   0.0290   0.0290

* 13C-1,2,3,7,8,9-HxCDD 32.194   43462280 1.25  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.768   20974104 1.25   0.7590        63.6        63.6   0.1454   0.1454  63.58
  1,2,3,4,7,8-HxCDD 31.768      28137 1.19   1.0054      0.1334      0.1334   0.0305   0.0305  M
D 13C-1,2,3,6,7,8-HxCDD 31.875   21106118 1.24   0.9247        52.5        52.5   0.1194   0.1194  52.51
  1,2,3,6,7,8-HxCDD 31.888      22350 1.24   0.9833      0.1306      0.1077   0.0304   0.0304  RQMa
  1,2,3,7,8,9-HxCDD 32.208      60781 1.17   1.1036      0.2618      0.2618   0.0274   0.0274
A Non-2,3,7,8-sub-HxCDD 30.870     758313 1.24   1.0308       3.505       3.497   0.0294    2.791  RQ
S Total HxCDD       4.030       3.999   0.0295   0.0295  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.805   18783620 0.43   0.7930        54.5        54.5   0.2434   0.2434  54.50
  1,2,3,4,6,7,8-HpCDF 33.817      48054 1.13   1.4240      0.1797      0.1797   0.0209   0.0209  M
D 13C-1,2,3,4,7,8,9-HpCDF 34.875   21110320 0.43   0.7296        66.6        66.6   0.2646   0.2646  66.58
  1,2,3,4,7,8,9-HpCDF 34.887      22976 0.95   1.2834      0.0848      0.0848   0.0223   0.0223  M
A Non-2,3,7,8-sub-HpCDF 34.340      64656 0.96   1.3537      0.2394      0.2394   0.0216   0.2394
S Total HpCDF      0.5039      0.5039   0.0216   0.0216

D 13C-1,2,3,4,6,7,8-HpCDD 34.583   21583121 1.05   0.7532        65.9        65.9   0.2353   0.2353  65.93
  1,2,3,4,6,7,8-HpCDD 34.595     649664 1.03   1.0174       2.959       2.959   0.0515   0.0515
A Non-2,3,7,8-sub-HpCDD 34.309    1724851 1.01   1.0174       7.855       7.855   0.0515    7.855
S Total HpCDD        10.8        10.8   0.0515   0.0515

D 13C-OCDD 36.903   37788613 0.90   0.5621       154.7       154.7   0.1012   0.1012  77.35
  OCDF 37.011     307316 0.91   1.3047       1.247       1.247   0.0485   0.0485
  OCDD 36.915   14378600 0.89   1.0997        69.2        69.2   0.0792   0.0792

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Lims ID: 320-56911-A-10-A         
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Sample Type: Client
Inject. Date: 13-Dec-2019 18:39:56 ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-10-A  320-56911-A-10-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 08:49:31 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: dadunj Date: 16-Dec-2019 10:51:10

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.886 17.856    2   22082233    5504203   3766   9415   1462
333.9339 17.886 17.856    2   28750974    7175067   2340   5850   3066  0.77(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.372 17.357    1  0.971   15656862    3793966   5457  13642    695
317.9389 17.372 17.357    1  0.971   19817877    4886050   3479   8697   1404  0.79(0.65-0.89)

2,3,7,8-TCDF M
303.9016 17.402 17.372    2  1.002     292295      68664    575   1437    119 M
305.8987 17.402 17.372    2  1.002     378615      85538    772   1930    111  0.77(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQa

303.9016 15.996 17.062  -64  0.921       8533       2298    575   1437      4
305.8987 15.981 17.062  -65  0.920      12660       3473    772   1930      4  0.67(0.65-0.89)

303.9016 16.737 17.062  -19  0.963      10597       3243    575   1437      6
305.8987 16.737 17.062  -19  0.963      16656       3613    772   1930      5  0.64(0.65-0.89)

Empc Correction      13762       4211    772   1930      5

303.9016 17.024 17.062   -2  0.980     115039      28854    575   1437     50
305.8987 17.009 17.062   -3  0.979     154181      36243    772   1930     47  0.75(0.65-0.89)

303.9016 17.826 17.062   46  1.026      21221       3974    575   1437      7
305.8987 17.826 17.062   46  1.026      40137       7768    772   1930     10  0.53(0.65-0.89)

Empc Correction      27559       5161    772   1930      7

303.9016 19.232 17.062  130  1.107      16479       3879    575   1437      7 a
305.8987 19.216 17.062  129  1.106      32892       5049    772   1930      7  0.50(0.65-0.89)

Empc Correction      21401       5037    772   1930      7

13C-2,3,7,8-TCDD
331.9368 18.083 18.052    2  1.011   12449453    3032386   3766   9415    805
333.9339 18.083 18.052    2  1.011   15774650    3820949   2340   5850   1633  0.79(0.65-0.89)
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,7,8-TCDD
319.8965 18.113 18.068    3  1.002      69447      15083    880   2200     17
321.8936 18.098 18.068    2  1.001     100833      23941    542   1355     44  0.69(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 18.098 18.068    2  1.012   27750533    6611769   2127   5317   3108

A Non-2,3,7,8-sub-TCDD RQ

319.8965 16.964 17.516  -33  0.938      97637      24089    880   2200     27
321.8936 16.964 17.516  -33  0.938     133860      37225    542   1355     69  0.73(0.65-0.89)

319.8965 17.856 17.516   20  0.987      27993       6089    880   2200      7
Empc Correction      20824       4844    880   2200      6

321.8936 17.856 17.516   20  0.987      27045       6291    542   1355     12  1.04(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.399 22.372    2  1.252   18221889    3221946   3447   8617    935
353.8970 22.399 22.372    2  1.252   11696675    2100640   2538   6345    828  1.56(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 22.413 22.400    1  1.001      20409       3381    313    782     11 M
341.8567 22.454 22.400    3  1.002      14819       2466    381    952      6  1.38(1.32-1.78) M

13C-2,3,4,7,8-PeCDF
351.9000 23.750 23.722    2  1.328   18522762    3078357   3447   8617    893
353.8970 23.750 23.722    2  1.328   11655178    1937018   2538   6345    763  1.59(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.750     313     782
341.8567 23.750     381     952

A F1 PeCDFs
339.8597 19.776     268     670
341.8567 19.776     429    1072

A Non-2,3,7,8-sub-PeCDF
339.8597 22.933     313     782
341.8567 22.933     381     952

13C-1,2,3,7,8-PeCDD
367.8949 24.472 24.445    2  1.368   13429910    2152259   1677   4192   1283
369.8919 24.472 24.445    2  1.368    8783930    1400119   1375   3437   1018  1.53(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.472     433    1082
357.8516 24.472     335     837

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 21.295 23.368 -124  0.870      31630       4355    433   1082     10
357.8516 21.268 23.368 -126  0.869      20773       3733    335    837     11  1.52(1.32-1.78)

355.8546 22.031 23.368  -80  0.900      61012      12889    433   1082     30
357.8516 22.018 23.368  -81  0.900      48757       8589    335    837     26  1.25(1.32-1.78)

Empc Correction      39362       8315    335    837     25

355.8546 23.504 23.368    8  0.960      26003       3485    433   1082      8
357.8516 23.504 23.368    8  0.960      23147       3247    335    837     10  1.12(1.32-1.78)

Empc Correction      16776       2248    335    837      7
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8-HxCDF
383.8639 30.557 30.543    1  0.949    7684083    1403911   2147   5367    654
385.8610 30.557 30.543    1  0.949   15515353    2905661   3992   9980    728  0.50(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.570 30.557    1  1.000      12580       2546    337    842      8
375.8178 30.583 30.557    2  1.001      10488       1926    248    620      8  1.20(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.743 30.716    2  0.955    7433945    1452520   2147   5367    677
385.8610 30.743 30.716    2  0.955   14857490    2864609   3992   9980    718  0.50(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.743     337     842
375.8178 30.743     248     620

13C-2,3,4,6,7,8-HxCDF
383.8639 31.582 31.555    2  0.981    7281864    1811126   2147   5367    844
385.8610 31.582 31.555    2  0.981   14439761    3467670   3992   9980    869  0.50(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.568     337     842
375.8178 31.568     248     620

13C-1,2,3,7,8,9-HxCDF
383.8639 32.381 32.367    1  1.006    6968079    1923871   2147   5367    896
385.8610 32.381 32.367    1  1.006   13779991    3793902   3992   9980    950  0.51(0.43-0.59)

1,2,3,7,8,9-HxCDF M
373.8208 32.394 32.380    1  1.000      13866       2935    337    842      9 M
375.8178 32.381 32.380    0  1.000      11227       2178    248    620      9  1.24(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDF
373.8208 30.237     337     842
375.8178 30.237     248     620

13C-1,2,3,7,8,9-HxCDD
401.8559 32.194 32.181    1   24107855    6651751   2910   7275   2286
403.8529 32.194 32.181    1   19354425    5289169   2363   5907   2238  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.768 31.741    2  0.987   11654202    2941418   2910   7275   1011
403.8529 31.768 31.741    2  0.987    9319902    2335928   2363   5907    989  1.25(1.05-1.43)

1,2,3,4,7,8-HxCDD M
389.8157 31.768 31.755    1  1.000      15311       3976    326    815     12 M
391.8127 31.781 31.755    2  1.000      12826       3711    321    802     12  1.19(1.05-1.43) M

13C-1,2,3,6,7,8-HxCDD
401.8559 31.875 31.848    2  0.990   11679546    2973554   2910   7275   1022
403.8529 31.875 31.848    2  0.990    9426572    2429271   2363   5907   1028  1.24(1.05-1.43)

1,2,3,6,7,8-HxCDD RQMa
389.8157 31.888 31.861    2  1.000      17135       3690    326    815     11 M

Empc Correction      12372       2775    326    815      9
391.8127 31.875 31.861    1  1.000       9978       2238    321    802      7  1.72(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.208 32.194    1  1.014      32823       7467    326    815     23
391.8127 32.208 32.194    1  1.014      27958       4477    321    802     14  1.17(1.05-1.43)
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HxCDD RQ

389.8157 29.598 30.870  -76  0.929     335903      39857    326    815    122
391.8127 29.612 30.870  -75  0.929     269418      34408    321    802    107  1.25(1.05-1.43)

389.8157 30.650 30.870  -13  0.962      11489       1762    326    815      5
391.8127 30.637 30.870  -14  0.961       9770       1821    321    802      6  1.18(1.05-1.43)

389.8157 31.010 30.870    8  0.973      64515      10808    326    815     33
391.8127 31.036 30.870   10  0.974      52851      10170    321    802     32  1.22(1.05-1.43)

389.8157 31.236 30.870   22  0.980       9672       2461    326    815      8
Empc Correction       7953       2220    326    815      7

391.8127 31.222 30.870   21  0.980       6414       1791    321    802      6  1.51(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.805 33.780    1  1.050    5661807    1815553   2726   6815    666
419.8220 33.805 33.780    1  1.050   13121813    4210540   6495  16237    648  0.43(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7818 33.817 33.793    1  1.000      25531       8682    429   1072     20 M
409.7789 33.805 33.793    1  1.000      22523       6710    289    722     23  1.13(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.875 34.862    1  1.083    6306678    1855775   2726   6815    681
419.8220 34.875 34.862    1  1.083   14803642    4418812   6495  16237    680  0.43(0.37-0.51)

1,2,3,4,7,8,9-HpCDF M
407.7818 34.887 34.862    1  1.000      11172       3239    429   1072      8 M
409.7789 34.887 34.862    1  1.000      11804       3023    289    722     10  0.95(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF

407.7818 34.109 34.340  -14  1.009      31632       9240    429   1072     22
409.7789 34.097 34.340  -15  1.009      33024       9290    289    722     32  0.96(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.583 34.570    1  1.074   11056022    3409786   4351  10877    784
437.8140 34.583 34.570    1  1.074   10527099    3207153   4114  10285    780  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.595 34.583    1  1.000     330289     102046    740   1850    138
425.7737 34.595 34.583    1  1.000     319375      92271    647   1617    143  1.03(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 34.048 34.309  -16  0.985     866636     274652    740   1850    371
425.7737 34.048 34.309  -16  0.985     858215     268143    647   1617    414  1.01(0.88-1.20)

13C-OCDD
469.7779 36.903 36.891    1  1.146   17923681    4464291   1341   3352   3329
471.7750 36.903 36.891    1  1.146   19864932    4962731   1376   3440   3607  0.90(0.76-1.02)

OCDF
441.7428 37.011 36.999    1  1.003     146701      34491    503   1257     69
443.7399 37.011 36.999    1  1.003     160615      36269    690   1725     53  0.91(0.76-1.02)

OCDD
457.7377 36.915 36.903    1  1.000    6770424    1750241    847   2117   2066
459.7348 36.915 36.903    1  1.000    7608176    1976199    795   1987   2486  0.89(0.76-1.02)
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QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Lims ID: 320-56911-A-10-A
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Inject. Date: 13-Dec-2019 18:39:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDF, RT: 17.062

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.901 D 13C-2,3,7,8-TCDF                        100.000        35474739         8680016
Averages:

RRFn Qis Ris Area Ris Height
  0.901        100.000        35474739         8680016

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.996              8533              2298             12660              3473      0.0663 0.67
16.737             10597              3243             16656              3613      0.0853 0.64 RQ
16.737             10597              3243             13762              4211      0.0763 Empc Correction
17.024            115039             28854            154181             36243      0.8427 0.75
17.826             21221              3974             40137              7768      0.1921 0.53 RQ
17.826             21221              3974             27559              5161      0.1527 Empc Correction
19.232             16479              3879             32892              5049      0.1545 0.50 RQa
19.232             16479              3879             21401              5037      0.1186 Empc Correction
Signal Totals:

           171869             42248            229563             54125
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           428395             98394 0.67 RQa
           401432             96373 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.341 = (428395 * 100.000) / (35474739 * 0.901)
Empc Amount:          1.257 = (401432 * 100.000) / (35474739 * 0.901)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Lims ID: 320-56911-A-10-A
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Inject. Date: 13-Dec-2019 18:39:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDD, RT: 17.516

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.070 D 13C-2,3,7,8-TCDD                        100.000        28224103         6853335
Averages:

RRFn Qis Ris Area Ris Height
  1.070        100.000        28224103         6853335

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.964             97637             24089            133860             37225      0.7667 0.73
17.856             27993              6089             27045              6291      0.1823 1.04 RQ
17.856             20824              4844             27045              6291      0.1585 Empc Correction
Signal Totals:

           118461             28933            160905             43516
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           286535             73694 0.78 RQ
           279366             72449 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9490 = (286535 * 100.000) / (28224103 * 1.070)
Empc Amount:         0.9252 = (279366 * 100.000) / (28224103 * 1.070)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Lims ID: 320-56911-A-10-A
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Inject. Date: 13-Dec-2019 18:39:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 10

Non-2,3,7,8-sub-PeCDD, RT: 23.368

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.002 D 13C-1,2,3,7,8-PeCDD                     100.000        22213840         3552378
Averages:

RRFn Qis Ris Area Ris Height
  1.002        100.000        22213840         3552378

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

21.295             31630              4355             20773              3733      0.2354 1.52
22.031             61012             12889             48757              8589      0.4930 1.25 RQ
22.031             61012             12889             39362              8315      0.4508 Empc Correction
23.504             26003              3485             23147              3247      0.2207 1.12 RQ
23.504             26003              3485             16776              2248      0.1921 Empc Correction
Signal Totals:

           118645             20729             76911             14296
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           211322             36298 1.28 RQ
           195556             35025 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9491 = (211322 * 100.000) / (22213840 * 1.002)
Empc Amount:         0.8783 = (195556 * 100.000) / (22213840 * 1.002)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Lims ID: 320-56911-A-10-A
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Inject. Date: 13-Dec-2019 18:39:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 10

Non-2,3,7,8-sub-HxCDD, RT: 30.870

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.005 D 13C-1,2,3,4,7,8-HxCDD                   100.000        20974104         5277346
  1,2,3,6,7,8-HxCDD                  0.983 D 13C-1,2,3,6,7,8-HxCDD                   100.000        21106118         5402825
  1,2,3,7,8,9-HxCDD                  1.104
Averages:

RRFn Qis Ris Area Ris Height
  1.031        100.000        21040111         5340085

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.598            335903             39857            269418             34408        2.79 1.25
30.650             11489              1762              9770              1821      0.0980 1.18
31.010             64515             10808             52851             10170      0.5412 1.22
31.236              9672              2461              6414              1791      0.0742 1.51 RQ
31.236              7953              2220              6414              1791      0.0662 Empc Correction
Signal Totals:

           419860             54647            338453             48190
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           760032            103078 1.25 RQ
           758313            102837 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.505 = (760032 * 100.000) / (21040111 * 1.031)
Empc Amount:          3.497 = (758313 * 100.000) / (21040111 * 1.031)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Lims ID: 320-56911-A-10-A
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Inject. Date: 13-Dec-2019 18:39:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDF, RT: 34.340

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.424 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        18783620         6026093
  1,2,3,4,7,8,9-HpCDF                1.283 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        21110320         6274587
Averages:

RRFn Qis Ris Area Ris Height
  1.354        100.000        19946970         6150340

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

34.109             31632              9240             33024              9290      0.2394 0.96
Signal Totals:

            31632              9240             33024              9290
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            64656             18530 0.96

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2394 = (64656 * 100.000) / (19946970 * 1.354)
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Lims ID: 320-56911-A-10-A
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Inject. Date: 13-Dec-2019 18:39:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDD, RT: 34.309

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.017 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        21583121         6616939
Averages:

RRFn Qis Ris Area Ris Height
  1.017        100.000        21583121         6616939

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

34.048            866636            274652            858215            268143        7.85 1.01
Signal Totals:

           866636            274652            858215            268143
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1724851            542795 1.01

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          7.855 = (1724851 * 100.000) / (21583121 * 1.017)
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  17.40
Area: 299590
Amount:    2.123003
Amount Units: pg/ul
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Manual Integration Results
RT:  17.40
Area: 292295
Amount:    2.100168
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:48:29
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  22.45
Area: 16223
Amount:    0.137417
Amount Units: pg/ul
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Manual Integration Results
RT:  22.45
Area: 14819
Amount:    0.121339
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:49:02
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  22.41
Area: 23673
Amount:    0.137417
Amount Units: pg/ul
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Manual Integration Results
RT:  22.41
Area: 20409
Amount:    0.121339
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:49:06
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
RT:  32.39
Area: 14197
Amount:    0.118808
Amount Units: pg/ul
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Manual Integration Results
RT:  32.39
Area: 13866
Amount:    0.113411
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:49:31
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
RT:  32.38
Area: 12090
Amount:    0.118808
Amount Units: pg/ul
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Manual Integration Results
RT:  32.38
Area: 11227
Amount:    0.113411
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:49:44
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  31.77
Area: 32442
Amount:    0.262005
Amount Units: pg/ul
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Manual Integration Results
RT:  31.77
Area: 15311
Amount:    0.133433
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:49:58
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.78
Area: 22807
Amount:    0.262005
Amount Units: pg/ul
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Manual Integration Results
RT:  31.78
Area: 12826
Amount:    0.133433
Amount Units: pg/ul

31.4 31.6 31.8 32.0 32.2
Min

RT

18

22

26

30

34

38

42

46

50

54

58

62

66

Y
 ( 

X
10

0)

F3:m/z     391.8127:SG5Pt_x1

 3
1.

78
1

Reviewer: dadunj, 16-Dec-2019 10:50:01
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  31.78
Area: 22807
Amount:    0.266211
Amount Units: pg/ul

31.4 31.6 31.8 32.0 32.2
Min

18

22

26

30

34

38

42

46

50

54

58

62

66

Y
 ( 

X
10

0)

F3:m/z     391.8127:SG5Pt_x1

 3
1.

78
1

Manual Integration Results
RT:  31.87
Area: 9978
Amount:    0.130641
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:50:07
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  31.77
Area: 55249
Amount:    0.266211
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 27113
Amount:    0.130641
Amount Units: pg/ul
Reviewer: dadunj, 16-Dec-2019 10:50:07
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  31.77
Area: 32442
Amount:    0.266211
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 17135
Amount:    0.130641
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:50:08
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  33.82
Area: 29604
Amount:    0.194877
Amount Units: pg/ul
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Manual Integration Results
RT:  33.82
Area: 25531
Amount:    0.179650
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:50:17
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:49:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Instrument ID: 10D5
Lims ID: 320-56911-A-10-A         Lab Sample ID: 320-56911-10             
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  34.89
Area: 14812
Amount:    0.098242
Amount Units: pg/ul
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Manual Integration Results
RT:  34.89
Area: 11172
Amount:    0.084806
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:50:20
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 08:49:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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2,3,7,8-TCDF
          17.40

Non-2,3,7,8-sub-TCDF
          19.23

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          17.40

Non-2,3,7,8-sub-TCDF
          19.22

TCDF Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.37

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.37
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

1

9

17

25

33

41

49

57

65

73

81

89

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          17.40

Non-2,3,7,8-sub-TCDF
          19.23

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          17.40

Non-2,3,7,8-sub-TCDF
          19.22

TCDF Interference Mass

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

9

14

19

24

29

34

39

44

49

54

59

Y
 ( 

X
10

0)

F1:m/z     375.8364:SG5Pt_x1

18.57
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

1

6

11

16

21

26

31

36

Y
 ( 

X
10

00
)

F1:m/z     319.8965:SG5Pt_x1

Non-2,3,7,8-sub-TCDD
          16.96

2,3,7,8-TCDD
          18.11

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

1

8

15

22

29

36

43

50

Y
 ( 

X
10

00
)

F1:m/z     321.8936:SG5Pt_x1

Non-2,3,7,8-sub-TCDD
          16.96

2,3,7,8-TCDD
          18.10

17.5816.42

TCDD Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

7

15

23

31

39

47

55

63

71

79

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          18.10

37Cl4-TCDD Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

7

15

23

31

39

47

55

63

71

79

87

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

12

14

16

18

20

22

24

26

28

30

32

34

36

38

40

42

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

19.50

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

13

15

17

19

21

23

25

27

29

31

33

35

37

39

41

43

45

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

12

15

18

21

24

27

30

33

36

39

42

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

19.50

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

13

16

19

22

25

28

31

34

37

40

43

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

9

16

23

30

37

44

51

58

65

72

79

86

Y
 ( 

X
10

0)

F1:m/z     409.7974:SG5Pt_x114.98

14.26
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

14

22

30

38

46

54

62

70

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.41

23.80
21.06

22.62

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

15

22

29

36

43

50

57

64

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.45

PeCDF Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.40

22.93

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.40

22.92
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

14

19

24

29

34

39

44

49

54

59

64

69

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.41

23.80

21.06

22.62

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

15

20

25

30

35

40

45

50

55

60

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.45

PeCDF Interference Mass

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

11

17

23

29

35

41

47

53

59

65

71

77

Y
 ( 

X
10

0)

F2:m/z     409.7974:SG5Pt_x1

26.12

25.40
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

4

7

10

13

16

19

Y
 ( 

X
10

00
)

F2:m/z     355.8546:SG5Pt_x1

Non-2,3,7,8-sub-PeCDD
          22.03

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

3

5

7

9

11

13

Y
 ( 

X
10

00
)

F2:m/z     357.8516:SG5Pt_x1
Non-2,3,7,8-sub-PeCDD
          22.02

PeCDD Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47

22.43

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47

22.44
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

20

27

34

41

48

55

62

69

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.39

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

20

25

30

35

40

45

50

55

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.38

HxCDF Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.38

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

6

12

18

24

30

36

42

48

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.38
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

20

25

30

35

40

45

50

55

60

65

70

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.39

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

20

24

28

32

36

40

44

48

52

56

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.38

HxCDF Interference Mass

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

22

27

32

37

42

47

52

57

62

67

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

8

15

22

29

36

43

50

Y
 ( 

X
10

00
)

F3:m/z     389.8157:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          29.60

L 1,2,3,7,8,9-HxCDD
          32.21

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

7

13

19

25

31

37

43

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          29.61

32.51

HxCDD Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.19

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F3:m/z     403.8529:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          32.19
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,7,8,9-HpCDF
          34.89

35.1333.9133.71

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.10

1,2,3,4,7,8,9-HpCDF
          34.89

HpCDF Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          34.87

13C-1,2,3,4,6,7,8-HpCDF
          33.81

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

7

14

21

28

35

42

49

56

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,7,8,9-HpCDF
          34.87

13C-1,2,3,4,6,7,8-HpCDF
          33.81
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Report Date: 16-Dec-2019 08:49:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,7,8,9-HpCDF
          34.89

35.1333.9133.71

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.10

1,2,3,4,6,7,8-HpCDF
          33.81

1,2,3,4,7,8,9-HpCDF
          34.89

HpCDF Interference Mass

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

14

18

22

26

30

34

38

42

46

50

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 16-Dec-2019 08:49:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     423.7766:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          34.05

1,2,3,4,6,7,8-HpCDD
          34.60

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          34.05

1,2,3,4,6,7,8-HpCDD
          34.60

HpCDD Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.58

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

35

40

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.58
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Report Date: 16-Dec-2019 08:49:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

7

13

19

25

31

37

43

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

8

15

22

29

36

43

50

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.01

OCDF Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.90

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.90
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Report Date: 16-Dec-2019 08:49:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

5

9

13

17

21

25

29

33

37

41

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

6

11

16

21

26

31

36

41

46

51

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.01

OCDF Interference Mass

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

9

14

19

24

29

34

39

44

49

54

59

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1
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Report Date: 16-Dec-2019 08:49:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.92

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.92

OCDD Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.90

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.90
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Report Date: 16-Dec-2019 08:49:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 16-Dec-2019 08:49:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_10.d
Injection Date: 13-Dec-2019 18:39:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345335 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (1-2) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-10 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_011.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/17/2019  01:46

Low2(uL)

20(uL)

% Moisture: 28.7

Sample wt/vol: 10.32(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.2151207-31-9 2,3,7,8-TCDF 6.0

%RECCAS NO. LIMITSQISOTOPE DILUTION

56 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

102 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:38:33 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_011.d
Lims ID: 320-56911-A-10-A         
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Sample Type: Client
Inject. Date: 17-Dec-2019 01:46:33 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-10-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:35:02

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.378   94022226 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.571   69913936 0.79   1.3379        55.6        55.6   0.2401   0.2401  55.58
  2,3,7,8-TCDF 16.585    1294532 0.79   0.8389       2.207       2.207   0.0762   0.0762
D 13C-2,3,7,8-TCDD 15.117   47916644 0.74   0.9388        54.3        54.3   0.3453   0.3453  54.28
  2,3,7,8-TCDD 15.145     324921 0.65   1.1538      0.5877      0.5877   0.0953   0.0953
$ 37Cl4-2,3,7,8-TCDD 15.145   45408291   1.1816        40.9        40.9   0.0536   0.0536    102

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 17-Dec-2019 09:38:33 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_011.d
Lims ID: 320-56911-A-10-A         
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Sample Type: Client
Inject. Date: 17-Dec-2019 01:46:33 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-10-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:35:02

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.378 15.383    0   41178414    9093575  17156  42890    530
333.9339 15.378 15.383    0   52843812   11510340   9560  23900   1204  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.571 16.576    0  1.078   30890548    5953726  15928  39820    374
317.9389 16.571 16.576    0  1.078   39023388    7126622  10552  26380    675  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.585 16.590    0  1.001     571856     108179   1442   3605     75
305.8987 16.585 16.590    0  1.001     722676     133993   1902   4755     70  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.117 15.122    0  0.983   20419096    4524604  17156  42890    264
333.9339 15.117 15.122    0  0.983   27497548    5932461   9560  23900    621  0.74(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.145 15.149    0  1.002     128575      24624   2807   7017      9
321.8936 15.145 15.149    0  1.002     196346      43731   1794   4485     24  0.65(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.145 15.149    0  0.985   45408291    9428142   5220  13050   1806

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 17-Dec-2019 09:38:33 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_011.d
Injection Date: 17-Dec-2019 01:46:33 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345960 Sample Line#: 11
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          16.59

15.08

14.02 17.24 18.96

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.09

14.05 18.9317.2715.41

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

16.94

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

10

21

32

43

54

65

76

87

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

16.96 18.9712.06
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Report Date: 17-Dec-2019 09:38:33 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_011.d
Injection Date: 17-Dec-2019 01:46:33 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345960 Sample Line#: 11
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
0)

F1:m/z     375.8364:SG5Pt_x1

Page 787 of 1734



Report Date: 17-Dec-2019 09:38:33 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_011.d
Injection Date: 17-Dec-2019 01:46:33 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345960 Sample Line#: 11
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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Y
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X
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0)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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X
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0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0
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4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 17-Dec-2019 09:38:33 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_011.d
Injection Date: 17-Dec-2019 01:46:33 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (1-2)
Worklist#: 345960 Sample Line#: 11
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12
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24

27

30

33

36

39

42

45

48

51

54

57

60

63

66

69

72

75

78

81

84

87

90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (2-4)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-11

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_11.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  19:25

Low2(uL)

20(uL)

% Moisture: 24.2

Sample wt/vol: 10.09(g)

N

Analysis Batch No.: 345335 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.15J q1746-01-6 2,3,7,8-TCDD 0.76

6.5 0.1340321-76-4 1,2,3,7,8-PeCDD ND

6.5 0.10J57117-41-6 1,2,3,7,8-PeCDF 0.24

6.5 0.1057117-31-4 2,3,4,7,8-PeCDF ND

6.5 0.11J q39227-28-6 1,2,3,4,7,8-HxCDD 0.31

6.5 0.11J B57653-85-7 1,2,3,6,7,8-HxCDD 0.41

6.5 0.10J19408-74-3 1,2,3,7,8,9-HxCDD 0.76

6.5 0.12J q70648-26-9 1,2,3,4,7,8-HxCDF 0.21

6.5 0.1257117-44-9 1,2,3,6,7,8-HxCDF ND

6.5 0.089J q72918-21-9 1,2,3,7,8,9-HxCDF 0.20

6.5 0.09460851-34-5 2,3,4,6,7,8-HxCDF ND

6.5 0.14B35822-46-9 1,2,3,4,6,7,8-HpCDD 7.2

6.5 0.055J67562-39-4 1,2,3,4,6,7,8-HpCDF 0.63

6.5 0.061J55673-89-7 1,2,3,4,7,8,9-HpCDF 0.39

13 0.19B3268-87-9 OCDD 140

13 0.10J B39001-02-0 OCDF 4.3

1.3 0.15q41903-57-5 Total TCDD 4.1

1.3 0.08730402-14-3 Total TCDF 4.1

6.5 0.13J q36088-22-9 Total PeCDD 3.3

6.5 0.10J30402-15-4 Total PeCDF 0.24

6.5 0.11B q34465-46-8 Total HxCDD 12

6.5 0.11J q55684-94-1 Total HxCDF 0.41

6.5 0.14B37871-00-4 Total HpCDD 25

6.5 0.058J B38998-75-3 Total HpCDF 1.9

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (2-4)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-11

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_11.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  19:25

Low2(uL)

20(uL)

% Moisture: 24.2

Sample wt/vol: 10.09(g)

N

Analysis Batch No.: 345335 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

53 25-16476523-40-5 13C-2,3,7,8-TCDD

50 24-16989059-46-1 13C-2,3,7,8-TCDF

57 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

51 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

56 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

61 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

52 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

54 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

47 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

52 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

50 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

63 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

52 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

64 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

73 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

101 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 16-Dec-2019 10:55:20 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Lims ID: 320-56911-A-11-A         
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Sample Type: Client
Inject. Date: 13-Dec-2019 19:25:56 ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-11-A  320-56911-A-11-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 10:55:18 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: dadunj Date: 16-Dec-2019 10:55:18

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.886   48116664 0.78  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.372   32095879 0.77   1.3318        50.1        50.1   0.1360   0.1360  50.08
  2,3,7,8-TCDF 17.387     290775 0.75   0.9005       1.006       1.006   0.0333   0.0333
A Non-2,3,7,8-sub-TCDF 17.062     164752 0.76   0.9005      0.5700      0.5700   0.0333   0.4192  M
S Total TCDF       1.576       1.576   0.0333   0.0333

D 13C-2,3,7,8-TCDD 18.083   24375512 0.77   0.9647        52.5        52.5   0.1192   0.1192  52.51
  2,3,7,8-TCDD 18.098      75889 0.77   1.0698      0.3532      0.2910   0.0575   0.0575  RQ
$ 37Cl4-2,3,7,8-TCDD 18.098   25342595   1.3082        40.3        40.3   0.0692   0.0692    101

A Non-2,3,7,8-sub-TCDD 17.516     336044 0.77   1.0698       1.289       1.289   0.0575    1.016
S Total TCDD       1.642       1.580   0.0575   0.0575  RQ

D 13C-1,2,3,7,8-PeCDF 22.399   25899232 1.58   1.0537        51.1        51.1   0.1106   0.1106  51.08
  1,2,3,7,8-PeCDF 22.441      23445 1.45   0.9704      0.0933      0.0933   0.0384   0.0384  M
D 13C-2,3,4,7,8-PeCDF 23.750   27267256 1.57   1.0173        55.7        55.7   0.1146   0.1146  55.71
  2,3,4,7,8-PeCDF 23.750   0.0385   0.0385
A F1 PeCDFs 19.776   0.0345   0.0345
A Non-2,3,7,8-sub-PeCDF 22.933   0.0385   0.0385
S Total PeCDF      0.0933      0.0933   0.0385   0.0385

D 13C-1,2,3,7,8-PeCDD 24.472   20138129 1.56   0.7281        57.5        57.5   0.0738   0.0738  57.48
  1,2,3,7,8-PeCDD 24.472   0.0504   0.0504
A Non-2,3,7,8-sub-PeCDD 23.368     257735 1.55   1.0023       1.313       1.277   0.0504   0.7154  RQMa
S Total PeCDD       1.313       1.277   0.0504   0.0504  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.557   20609029 0.51   0.9632        54.3        54.3   0.1482   0.1482  54.33
  1,2,3,4,7,8-HxCDF 30.583      16859 1.24   1.0315      0.0885      0.0793   0.0450   0.0450  RQM
D 13C-1,2,3,6,7,8-HxCDF 30.743   19644280 0.50   1.0646        46.9        46.9   0.1341   0.1341  46.86
  1,2,3,6,7,8-HxCDF 30.743   0.0471   0.0471
D 13C-2,3,4,6,7,8-HxCDF 31.568   19160197 0.50   0.9696        50.2        50.2   0.1472   0.1472  50.18
  2,3,4,6,7,8-HxCDF 31.568   0.0361   0.0361
D 13C-1,2,3,7,8,9-HxCDF 32.380   18445527 0.50   0.8955        52.3        52.3   0.1594   0.1594  52.30
  1,2,3,7,8,9-HxCDF 32.394      14989 1.24   1.0664      0.0972      0.0762   0.0342   0.0342  RQM
A Non-2,3,7,8-sub-HxCDF 30.237   0.0399   0.0399
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Report Date: 16-Dec-2019 10:55:20 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF      0.1857      0.1555   0.0406   0.0406  RQ

* 13C-1,2,3,7,8,9-HxCDD 32.194   39382311 1.26  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.755   18085086 1.26   0.7590        60.5        60.5   0.1574   0.1574  60.50
  1,2,3,4,7,8-HxCDD 31.781      21866 1.24   1.0054      0.1446      0.1203   0.0425   0.0425  RQMa
D 13C-1,2,3,6,7,8-HxCDD 31.861   19013496 1.27   0.9247        52.2        52.2   0.1292   0.1292  52.21
  1,2,3,6,7,8-HxCDD 31.888      29321 1.11   0.9833      0.1568      0.1568   0.0433   0.0433  Ma
  1,2,3,7,8,9-HxCDD 32.207      59730 1.35   1.1036      0.2918      0.2918   0.0387   0.0387
A Non-2,3,7,8-sub-HxCDD 30.870     792233 1.25   1.0308       4.144       4.144   0.0414    3.343
S Total HxCDD       4.737       4.712   0.0415   0.0415  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.793   16352971 0.43   0.7930        52.4        52.4   0.2444   0.2444  52.36
  1,2,3,4,6,7,8-HpCDF 33.805      55753 0.98   1.4240      0.2394      0.2394   0.0210   0.0210
D 13C-1,2,3,4,7,8,9-HpCDF 34.862   18465107 0.44   0.7296        64.3        64.3   0.2656   0.2656  64.27
  1,2,3,4,7,8,9-HpCDF 34.874      35346 1.18   1.2834      0.1492      0.1492   0.0234   0.0234
A Non-2,3,7,8-sub-HpCDF 34.340      78010 1.18   1.3537      0.3310      0.3310   0.0221   0.3310  M
S Total HpCDF      0.7196      0.7196   0.0222   0.0222

D 13C-1,2,3,4,6,7,8-HpCDD 34.583   18830507 1.05   0.7532        63.5        63.5   0.2200   0.2200  63.49
  1,2,3,4,6,7,8-HpCDD 34.595     525772 1.09   1.0174       2.744       2.744   0.0521   0.0521
A Non-2,3,7,8-sub-HpCDD 34.309    1298021 1.03   1.0174       6.775       6.775   0.0521    6.775
S Total HpCDD       9.520       9.520   0.0521   0.0521

D 13C-OCDD 36.903   32100862 0.90   0.5621       145.0       145.0   0.1108   0.1108  72.51
  OCDF 37.011     342952 0.86   1.3047       1.638       1.638   0.0396   0.0396
  OCDD 36.915    9169270 0.89   1.0997        51.9        51.9   0.0727   0.0727

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Lims ID: 320-56911-A-11-A         
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Sample Type: Client
Inject. Date: 13-Dec-2019 19:25:56 ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-11-A  320-56911-A-11-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 10:55:18 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: dadunj Date: 16-Dec-2019 10:55:18

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.886 17.856    2   21093421    5266018   3519   8797   1496
333.9339 17.886 17.856    2   27023243    6721701   1993   4982   3373  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.372 17.357    1  0.971   13985617    3500635   5601  14002    625
317.9389 17.372 17.357    1  0.971   18110262    4490909   3082   7705   1457  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.387 17.372    1  1.001     124972      31780    420   1050     76
305.8987 17.387 17.372    1  1.001     165803      38888    538   1345     72  0.75(0.65-0.89)

A Non-2,3,7,8-sub-TCDF M

303.9016 16.253 17.062  -48  0.936       7936       1648    420   1050      4
305.8987 16.253 17.062  -48  0.936       9686       2364    538   1345      4  0.82(0.65-0.89)

303.9016 17.009 17.062   -3  0.979      52745      11919    420   1050     28
305.8987 17.009 17.062   -3  0.979      68418      15440    538   1345     29  0.77(0.65-0.89)

303.9016 17.826 17.062   46  1.026      10197       2018    420   1050      5 M
305.8987 17.826 17.062   46  1.026      15770       2894    538   1345      5  0.65(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 18.083 18.052    2  1.011   10630842    2509808   3519   8797    713
333.9339 18.083 18.052    2  1.011   13744670    3255094   1993   4982   1633  0.77(0.65-0.89)

2,3,7,8-TCDD RQ
319.8965 18.098 18.068    2  1.001      33014       8859    940   2350      9
321.8936 18.098 18.068    2  1.001      59090      14203    479   1197     30  0.56(0.65-0.89)

Empc Correction      42875      11505    479   1197     24

37Cl4-2,3,7,8-TCDD
327.8847 18.098 18.068    2  1.012   25342595    6056243   4338  10845   1396
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-TCDD

319.8965 16.964 17.516  -33  0.938     117536      31099    940   2350     33
321.8936 16.964 17.516  -33  0.938     147423      38367    479   1197     80  0.80(0.65-0.89)

319.8965 17.856 17.516   20  0.987      28539       7550    940   2350      8
321.8936 17.856 17.516   20  0.987      42546      10542    479   1197     22  0.67(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.399 22.372    2  1.252   15867326    2796347   3304   8260    846
353.8970 22.399 22.372    2  1.252   10031906    1817413   2287   5717    795  1.58(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 22.441 22.400    2  1.002      13883       2445    291    727      8
341.8567 22.427 22.400    2  1.001       9562       2037    397    992      5  1.45(1.32-1.78) M

13C-2,3,4,7,8-PeCDF
351.9000 23.750 23.722    2  1.328   16654027    2727253   3304   8260    825
353.8970 23.750 23.722    2  1.328   10613229    1744084   2287   5717    763  1.57(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.750     291     727
341.8567 23.750     397     992

A F1 PeCDFs
339.8597 19.776     173     432
341.8567 19.776     445    1112

A Non-2,3,7,8-sub-PeCDF
339.8597 22.933     291     727
341.8567 22.933     397     992

13C-1,2,3,7,8-PeCDD
367.8949 24.472 24.445    2  1.368   12268149    1987961   1444   3610   1377
369.8919 24.472 24.445    2  1.368    7869980    1251668   1132   2830   1106  1.56(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.472     436    1090
357.8516 24.472     219     547

A Non-2,3,7,8-sub-PeCDD RQMa

355.8546 21.268 23.368 -126  0.869      26834       5348    436   1090     12 a
357.8516 21.268 23.368 -126  0.869      18154       3266    219    547     15  1.48(1.32-1.78)

355.8546 22.018 23.368  -81  0.900      86758      15988    436   1090     37 a
357.8516 22.018 23.368  -81  0.900      57651       9811    219    547     45  1.50(1.32-1.78)

355.8546 23.518 23.368    9  0.961      41539       5070    436   1090     12 M
357.8516 23.504 23.368    8  0.960      34032       3637    219    547     17  1.22(1.32-1.78)

Empc Correction      26799       3270    219    547     15

13C-1,2,3,4,7,8-HxCDF
383.8639 30.557 30.543    1  0.949    6922692    1318454   2172   5430    607
385.8610 30.557 30.543    1  0.949   13686337    2580347   3877   9692    666  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF RQM
373.8208 30.583 30.557    2  1.001       9333       1907    383    957      5 M
375.8178 30.597 30.557    2  1.001       9486       1794    341    852      5  0.98(1.05-1.43)

Empc Correction       7526       1537    341    852      5

13C-1,2,3,6,7,8-HxCDF
383.8639 30.743 30.716    2  0.955    6560932    1286233   2172   5430    592
385.8610 30.743 30.716    2  0.955   13083348    2466056   3877   9692    636  0.50(0.43-0.59)
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDF
373.8208 30.743     383     957
375.8178 30.743     341     852

13C-2,3,4,6,7,8-HxCDF
383.8639 31.568 31.555    1  0.981    6382641    1578420   2172   5430    727
385.8610 31.568 31.555    1  0.981   12777556    3136825   3877   9692    809  0.50(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.568     383     957
375.8178 31.568     341     852

13C-1,2,3,7,8,9-HxCDF
383.8639 32.380 32.367    1  1.006    6153925    1661237   2172   5430    765
385.8610 32.380 32.367    1  1.006   12291602    3301476   3877   9692    852  0.50(0.43-0.59)

1,2,3,7,8,9-HxCDF RQM
373.8208 32.394 32.380    1  1.000       8298       2315    383    957      6 M
375.8178 32.394 32.380    1  1.000      10815       2987    341    852      9  0.77(1.05-1.43) M

Empc Correction       6691       1866    341    852      5

A Non-2,3,7,8-sub-HxCDF
373.8208 30.237     383     957
375.8178 30.237     341     852

13C-1,2,3,7,8,9-HxCDD
401.8559 32.194 32.181    1   21963002    5924554   2771   6927   2138
403.8529 32.194 32.181    1   17419309    4667330   2289   5722   2039  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.755 31.741    1  0.986   10074800    2722873   2771   6927    983
403.8529 31.755 31.741    1  0.986    8010286    2138581   2289   5722    934  1.26(1.05-1.43)

1,2,3,4,7,8-HxCDD RQMa
389.8157 31.781 31.755    2  1.001      16529       4344    448   1120     10 M

Empc Correction      12104       2698    448   1120      6
391.8127 31.755 31.755    0  1.000       9762       2176    383    957      6  1.69(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 31.861 31.848    1  0.990   10628075    2744835   2771   6927    991
403.8529 31.861 31.848    1  0.990    8385421    2128737   2289   5722    930  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDD Ma
389.8157 31.888 31.861    2  1.001      15448       4213    448   1120      9 M
391.8127 31.875 31.861    1  1.000      13873       4346    383    957     11  1.11(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.207 32.194    1  1.014      34356       6628    448   1120     15
391.8127 32.194 32.194    0  1.014      25374       5315    383    957     14  1.35(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD

389.8157 29.612 30.870  -75  0.929     354871      38137    448   1120     85
391.8127 29.612 30.870  -75  0.929     284364      35424    383    957     92  1.25(1.05-1.43)

389.8157 31.022 30.870    9  0.974      71940      13650    448   1120     30
391.8127 31.022 30.870    9  0.974      58886      11506    383    957     30  1.22(1.05-1.43)

389.8157 31.222 30.870   21  0.980      12552       3053    448   1120      7
391.8127 31.222 30.870   21  0.980       9620       2257    383    957      6  1.30(1.05-1.43)
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.793 33.780    1  1.050    4881316    1658017   2800   7000    592
419.8220 33.793 33.780    1  1.050   11471655    3814759   5411  13527    705  0.43(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.805 33.793    1  1.000      27635       8717    375    937     23
409.7789 33.805 33.793    1  1.000      28118       9281    280    700     33  0.98(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.862 34.862    0  1.083    5626188    1685112   2800   7000    602
419.8220 34.862 34.862    0  1.083   12838919    3763589   5411  13527    696  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.874 34.862    1  1.000      19105       5468    375    937     15
409.7789 34.874 34.862    1  1.000      16241       4395    280    700     16  1.18(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF M

407.7818 34.109 34.340  -14  1.009      42243      12598    375    937     34
409.7789 34.097 34.340  -15  1.009      35767      10196    280    700     36  1.18(0.88-1.20) M

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.583 34.570    1  1.074    9654212    2913182   4381  10952    665
437.8140 34.583 34.570    1  1.074    9176295    2739614   2638   6595   1039  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.595 34.583    1  1.000     274048      82352    678   1695    121
425.7737 34.583 34.583    0  1.000     251724      74395    520   1300    143  1.09(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 34.048 34.309  -16  0.985     658071     207479    678   1695    306
425.7737 34.048 34.309  -16  0.985     639950     192554    520   1300    370  1.03(0.88-1.20)

13C-OCDD
469.7779 36.903 36.891    1  1.146   15201602    3981095   1225   3062   3250
471.7750 36.903 36.891    1  1.146   16899260    4413045   1413   3532   3123  0.90(0.76-1.02)

OCDF
441.7428 37.011 36.999    1  1.003     158430      36503    345    862    106
443.7399 36.999 36.999    0  1.003     184522      43258    523   1307     83  0.86(0.76-1.02)

OCDD
457.7377 36.915 36.903    1  1.000    4315493    1104958    645   1612   1713
459.7348 36.915 36.903    1  1.000    4853777    1241576    697   1742   1781  0.89(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Lims ID: 320-56911-A-11-A
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Inject. Date: 13-Dec-2019 19:25:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 11

Non-2,3,7,8-sub-TCDF, RT: 17.062

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.901 D 13C-2,3,7,8-TCDF                        100.000        32095879         7991544
Averages:

RRFn Qis Ris Area Ris Height
  0.901        100.000        32095879         7991544

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

16.253              7936              1648              9686              2364      0.0610 0.82
17.009             52745             11919             68418             15440      0.4192 0.77
17.826             10197              2018             15770              2894      0.0898 0.65 M
Signal Totals:

            70878             15585             93874             20698
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           164752             36283 0.76 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.5700 = (164752 * 100.000) / (32095879 * 0.901)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Lims ID: 320-56911-A-11-A
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Inject. Date: 13-Dec-2019 19:25:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 11

Non-2,3,7,8-sub-TCDD, RT: 17.516

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.070 D 13C-2,3,7,8-TCDD                        100.000        24375512         5764902
Averages:

RRFn Qis Ris Area Ris Height
  1.070        100.000        24375512         5764902

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.964            117536             31099            147423             38367        1.02 0.80
17.856             28539              7550             42546             10542      0.2726 0.67
Signal Totals:

           146075             38649            189969             48909
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           336044             87558 0.77

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.289 = (336044 * 100.000) / (24375512 * 1.070)
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Lims ID: 320-56911-A-11-A
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Inject. Date: 13-Dec-2019 19:25:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 11

Non-2,3,7,8-sub-PeCDD, RT: 23.368

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.002 D 13C-1,2,3,7,8-PeCDD                     100.000        20138129         3239629
Averages:

RRFn Qis Ris Area Ris Height
  1.002        100.000        20138129         3239629

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

21.268             26834              5348             18154              3266      0.2229 1.48 a
22.018             86758             15988             57651              9811      0.7154 1.50 a
23.518             41539              5070             34032              3637      0.3744 1.22 RQMa
23.518             41539              5070             26799              3270      0.3386 Empc Correction
Signal Totals:

           155131             26406            102604             16347
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           264968             43120 1.41 RQMa
           257735             42753 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.313 = (264968 * 100.000) / (20138129 * 1.002)
Empc Amount:          1.277 = (257735 * 100.000) / (20138129 * 1.002)
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Lims ID: 320-56911-A-11-A
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Inject. Date: 13-Dec-2019 19:25:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 11

Non-2,3,7,8-sub-HxCDD, RT: 30.870

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.005 D 13C-1,2,3,4,7,8-HxCDD                   100.000        18085086         4861454
  1,2,3,6,7,8-HxCDD                  0.983 D 13C-1,2,3,6,7,8-HxCDD                   100.000        19013496         4873572
  1,2,3,7,8,9-HxCDD                  1.104
Averages:

RRFn Qis Ris Area Ris Height
  1.031        100.000        18549291         4867513

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.612            354871             38137            284364             35424        3.34 1.25
31.022             71940             13650             58886             11506      0.6842 1.22
31.222             12552              3053              9620              2257      0.1160 1.30
Signal Totals:

           439363             54840            352870             49187
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           792233            104027 1.25

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.144 = (792233 * 100.000) / (18549291 * 1.031)
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Lims ID: 320-56911-A-11-A
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Inject. Date: 13-Dec-2019 19:25:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 11

Non-2,3,7,8-sub-HpCDF, RT: 34.340

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.424 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        16352971         5472776
  1,2,3,4,7,8,9-HpCDF                1.283 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        18465107         5448701
Averages:

RRFn Qis Ris Area Ris Height
  1.354        100.000        17409039         5460738

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

34.109             42243             12598             35767             10196      0.3310 1.18 M
Signal Totals:

            42243             12598             35767             10196
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            78010             22794 1.18 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3310 = (78010 * 100.000) / (17409039 * 1.354)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Lims ID: 320-56911-A-11-A
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Inject. Date: 13-Dec-2019 19:25:56 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 11

Non-2,3,7,8-sub-HpCDD, RT: 34.309

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.017 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        18830507         5652796
Averages:

RRFn Qis Ris Area Ris Height
  1.017        100.000        18830507         5652796

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

34.048            658071            207479            639950            192554        6.78 1.03
Signal Totals:

           658071            207479            639950            192554
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1298021            400033 1.03

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          6.775 = (1298021 * 100.000) / (18830507 * 1.017)
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 14.89- 19.23)
Signal: 1

Processing Integration Results
RT = 17.826 Area = 14042
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Manual Integration Results
RT = 17.826 Area = 10197 M
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Reviewer: dadunj, 16-Dec-2019 10:51:38
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  22.43
Area: 10055
Amount:    0.095247
Amount Units: pg/ul
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Manual Integration Results
RT:  22.43
Area: 9562
Amount:    0.093286
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:52:01
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 21.21- 25.53)
Signal: 1

Processing Integration Results
RT = 23.518 Area = 29794
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Manual Integration Results
RT = 23.518 Area = 41539 M
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Reviewer: dadunj, 16-Dec-2019 10:52:48
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Baseline
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 1

Processing Integration Results
RT:  30.58
Area: 9030
Amount:    0.087104
Amount Units: pg/ul
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Manual Integration Results
RT:  30.58
Area: 9333
Amount:    0.088529
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:52:59
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
RT:  32.39
Area: 10143
Amount:    0.119714
Amount Units: pg/ul
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Manual Integration Results
RT:  32.39
Area: 8298
Amount:    0.097167
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:53:11
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
RT:  32.39
Area: 13405
Amount:    0.119714
Amount Units: pg/ul
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Manual Integration Results
RT:  32.39
Area: 10815
Amount:    0.097167
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:53:22
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.87
Area: 23635
Amount:    0.305801
Amount Units: pg/ul
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Manual Integration Results
RT:  31.75
Area: 9762
Amount:    0.144596
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:53:40
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 3

Processing Integration Results
RT:  31.78
Area: 55602
Amount:    0.305801
Amount Units: pg/ul
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Manual Integration Results
RT:  31.78
Area: 26291
Amount:    0.144596
Amount Units: pg/ul
Reviewer: dadunj, 16-Dec-2019 10:53:40
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID

Page 812 of 1734



Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  31.78
Area: 31967
Amount:    0.305801
Amount Units: pg/ul
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Manual Integration Results
RT:  31.78
Area: 16529
Amount:    0.144596
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:53:41
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  31.87
Area: 23635
Amount:    0.297399
Amount Units: pg/ul
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Manual Integration Results
RT:  31.87
Area: 13873
Amount:    0.156829
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:53:44
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  31.78
Area: 55602
Amount:    0.297399
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 29321
Amount:    0.156829
Amount Units: pg/ul
Reviewer: dadunj, 16-Dec-2019 10:53:44
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  31.78
Area: 31967
Amount:    0.297399
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 15448
Amount:    0.156829
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:53:46
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Instrument ID: 10D5
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7789, RT: ( 33.78- 34.90)
Signal: 2

Processing Integration Results
RT = 34.097 Area = 38184
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Manual Integration Results
RT = 34.097 Area = 35767 M
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Reviewer: dadunj, 16-Dec-2019 10:53:56
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 16-Dec-2019 10:55:21 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 16-Dec-2019 10:55:22 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Min

1

7

13

19

25

31

37

43

Y
 ( 

X
10

00
)

F1:m/z     319.8965:SG5Pt_x1

Non-2,3,7,8-sub-TCDD
          16.96

2,3,7,8-TCDD
          18.10

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

1

8

15

22

29

36

43

50

Y
 ( 

X
10

00
)

F1:m/z     321.8936:SG5Pt_x1

Non-2,3,7,8-sub-TCDD
          16.96

2,3,7,8-TCDD
          18.10

16.39 17.5817.15 19.22

TCDD Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

10

21

32

43

54

65

76

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08
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Report Date: 16-Dec-2019 10:55:22 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

6

13

20

27

34

41

48

55

62

69

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          18.10

37Cl4-TCDD Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

7

15

23

31

39

47

55

63

71

79

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

15

17

19

21

23

25

27

29

31

33

35

37

39

41

43

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

14.18

19.53

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

15

18

21

24

27

30

33

36

39

42

45

48

51

54

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1

14.17
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

15

18

21

24

27

30

33

36

39

42

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

14.18

19.53

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

15

19

23

27

31

35

39

43

47

51

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1

14.17

F1 PeCDFs Interference Mass

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

13

17

21

25

29

33

37

41

45

49

Y
 ( 

X
10

0)

F1:m/z     409.7974:SG5Pt_x1

16.04
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

17

24

31

38

45

52

59

66

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.44

23.78

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

16

21

26

31

36

41

46

51

56

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.43

PeCDF Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.40

22.94

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.40

22.94
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

17

22

27

32

37

42

47

52

57

62

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.44

23.78

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

16

20

24

28

32

36

40

44

48

52

56

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.43

PeCDF Interference Mass

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

13

20

27

34

41

48

55

62

69

76

83

90

Y
 ( 

X
10

0)

F2:m/z     409.7974:SG5Pt_x1

21.59
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

4

7

10

13

16

19

22

Y
 ( 

X
10

00
)

F2:m/z     355.8546:SG5Pt_x1

Non-2,3,7,8-sub-PeCDD
          22.02

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
)

F2:m/z     357.8516:SG5Pt_x1

Non-2,3,7,8-sub-PeCDD
          22.02

Non-2,3,7,8-sub-PeCDD
          23.50

PeCDD Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47

22.43

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47

22.43
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

21

27

33

39

45

51

57

63

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.39

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

19

25

31

37

43

49

55

61

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.39

HxCDF Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.38

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.38
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

21

25

29

33

37

41

45

49

53

57

61

65

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.39

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

19

23

27

31

35

39

43

47

51

55

59

63

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.39

HxCDF Interference Mass

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

22

26

30

34

38

42

46

50

54

58

62

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

8

15

22

29

36

43

50

Y
 ( 

X
10

00
)

F3:m/z     389.8157:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.61

L 1,2,3,7,8,9-HxCDD
          32.21

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

7

13

19

25

31

37

43

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.61

Non-2,3,7,8-sub-HxCDD
          31.02

32.51

HxCDD Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.19

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.19
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

4

7

10

13

16

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.80

1,2,3,4,7,8,9-HpCDF
          34.87

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.10

1,2,3,4,7,8,9-HpCDF
          34.87

33.97

HpCDF Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,7,8,9-HpCDF
          34.86

13C-1,2,3,4,6,7,8-HpCDF
          33.79

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.79

13C-1,2,3,4,7,8,9-HpCDF
          34.86
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.80

1,2,3,4,7,8,9-HpCDF
          34.87

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.10

1,2,3,4,7,8,9-HpCDF
          34.87

33.97

HpCDF Interference Mass

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

15

19

23

27

31

35

39

43

47

51

55

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F4:m/z     423.7766:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          34.05

1,2,3,4,6,7,8-HpCDD
          34.59

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          34.05

1,2,3,4,6,7,8-HpCDD
          34.58

HpCDD Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.58

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.58
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Report Date: 16-Dec-2019 10:55:22 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

7

13

19

25

31

37

43

49

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

8

15

22

29

36

43

50

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  37.00

OCDF Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.90

37.17

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.90
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Report Date: 16-Dec-2019 10:55:22 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

6

11

16

21

26

31

36

41

46

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

6

11

16

21

26

31

36

41

46

51

56

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.00

OCDF Interference Mass

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

14

17

20

23

26

29

32

35

38

41

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1
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Report Date: 16-Dec-2019 10:55:23 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.91

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.91

OCDD Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.90

37.17

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.90
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Report Date: 16-Dec-2019 10:55:23 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 16-Dec-2019 10:55:23 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_11.d
Injection Date: 13-Dec-2019 19:25:56 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345335 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (2-4) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-11 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_012.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/17/2019  02:24

Low2(uL)

20(uL)

% Moisture: 24.2

Sample wt/vol: 10.09(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.2051207-31-9 2,3,7,8-TCDF 2.9

%RECCAS NO. LIMITSQISOTOPE DILUTION

53 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

104 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:38:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_012.d
Lims ID: 320-56911-A-11-A         
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Sample Type: Client
Inject. Date: 17-Dec-2019 02:24:51 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-11-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:36:29

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.381   81369635 0.75  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.575   57306595 0.76   1.3379        52.6        52.6   0.2724   0.2724  52.64
  2,3,7,8-TCDF 16.588     539396 0.83   0.8389       1.122       1.122   0.0764   0.0764  M
D 13C-2,3,7,8-TCDD 15.134   41075400 0.77   0.9388        53.8        53.8   0.3862   0.3862  53.77
  2,3,7,8-TCDD 15.148     157028 0.77   1.1538      0.3715      0.3313   0.1126   0.1126  RQ
$ 37Cl4-2,3,7,8-TCDD 15.148   39844783   1.1816        41.4        41.4   0.0578   0.0578    104

S Total 2378-Chlorinated 0.000100 0.000100

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
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Report Date: 17-Dec-2019 09:38:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_012.d
Lims ID: 320-56911-A-11-A         
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Sample Type: Client
Inject. Date: 17-Dec-2019 02:24:51 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-11-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:36:29

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.381 15.383    0   34944952    7338146  13326  33315    551
333.9339 15.381 15.383    0   46424683    9746105  11452  28630    851  0.75(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.575 16.576    0  1.078   24788120    4674097  14078  35195    332
317.9389 16.575 16.576    0  1.078   32518475    6022960  10825  27062    556  0.76(0.65-0.89)

2,3,7,8-TCDF M
303.9016 16.588 16.590    0  1.001     244155      45719    892   2230     51
305.8987 16.588 16.590    0  1.001     295241      49842   1849   4622     27  0.83(0.65-0.89) M

13C-2,3,7,8-TCDD
331.9368 15.134 15.122    1  0.984   17926189    3973459  13326  33315    298
333.9339 15.134 15.122    1  0.984   23149211    5199260  11452  28630    454  0.77(0.65-0.89)

2,3,7,8-TCDD RQ
319.8965 15.148 15.149    0  1.001      68312      12974   3270   8175      4
321.8936 15.148 15.149    0  1.001     107763      25514   1499   3747     17  0.63(0.65-0.89)

Empc Correction      88716      16849   1499   3747     11

37Cl4-2,3,7,8-TCDD
327.8840 15.148 15.149    0  0.985   39844783    8617234   4664  11660   1848

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:38:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Review Flags
  M - Manually Integrated

Page 841 of 1734



Report Date: 17-Dec-2019 09:38:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_012.d
Injection Date: 17-Dec-2019 02:24:51 Instrument ID: 11D2
Lims ID: 320-56911-A-11-A         Lab Sample ID: 320-56911-11             
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Operator ID: ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Column: DB-225 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  16.59
Area: 334483
Amount:    1.203648
Amount Units: pg/ul

16.2 16.4 16.6 16.8 17.0 17.2
Min

0
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28

32

36
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Y
 ( 

X
10

00
)

F1:m/z     305.8987:SG5Pt_x1

 1
6.

58
8

Manual Integration Results
RT:  16.59
Area: 295241
Amount:    1.122019
Amount Units: pg/ul

16.2 16.4 16.6 16.8 17.0 17.2
Min

RT

0

4

8

12

16

20

24

28

32

36

40

44

48

52

Y
 ( 

X
10

00
)

F1:m/z     305.8987:SG5Pt_x1

 1
6.

58
8

Reviewer: arghestanis, 17-Dec-2019 09:36:16
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:38:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_012.d
Injection Date: 17-Dec-2019 02:24:51 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345960 Sample Line#: 12
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.09

14.02 17.2912.82 18.9615.66

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.59

15.09

14.61

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

18.98 23.06
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Report Date: 17-Dec-2019 09:38:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_012.d
Injection Date: 17-Dec-2019 02:24:51 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345960 Sample Line#: 12
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

4

9

14

19

24

29

34

39

44

49

54

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-4

4

12

20

28

36

44

52

60

68

76

84

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 17-Dec-2019 09:38:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_012.d
Injection Date: 17-Dec-2019 02:24:51 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345960 Sample Line#: 12
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0
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2

3

4

5

6

7

8

9
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11

Y
 ( 

X
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00
00

0)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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Report Date: 17-Dec-2019 09:38:34 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_012.d
Injection Date: 17-Dec-2019 02:24:51 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (2-4)
Worklist#: 345960 Sample Line#: 12
Column Type: DB-225 Column Dia:  0.32 mm
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F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (4-6)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-12

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_12.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  20:11

Low2(uL)

20(uL)

% Moisture: 31.5

Sample wt/vol: 10.23(g)

N

Analysis Batch No.: 345335 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.16J q1746-01-6 2,3,7,8-TCDD 1.3

7.1 0.2040321-76-4 1,2,3,7,8-PeCDD ND

7.1 0.13J57117-41-6 1,2,3,7,8-PeCDF 0.27

7.1 0.1357117-31-4 2,3,4,7,8-PeCDF ND

7.1 0.10J q39227-28-6 1,2,3,4,7,8-HxCDD 0.29

7.1 0.11J B57653-85-7 1,2,3,6,7,8-HxCDD 0.31

7.1 0.098J19408-74-3 1,2,3,7,8,9-HxCDD 0.54

7.1 0.1370648-26-9 1,2,3,4,7,8-HxCDF ND

7.1 0.1457117-44-9 1,2,3,6,7,8-HxCDF ND

7.1 0.096J q72918-21-9 1,2,3,7,8,9-HxCDF 0.18

7.1 0.1160851-34-5 2,3,4,6,7,8-HxCDF ND

7.1 0.17J B35822-46-9 1,2,3,4,6,7,8-HpCDD 6.6

7.1 0.065J67562-39-4 1,2,3,4,6,7,8-HpCDF 0.43

7.1 0.07155673-89-7 1,2,3,4,7,8,9-HpCDF ND

14 0.20B3268-87-9 OCDD 160

14 0.13J B39001-02-0 OCDF 2.4

1.4 0.16q41903-57-5 Total TCDD 4.5

1.4 0.1330402-14-3 Total TCDF 6.4

7.1 0.20J36088-22-9 Total PeCDD 3.0

7.1 0.13J30402-15-4 Total PeCDF 0.27

7.1 0.10B q34465-46-8 Total HxCDD 10

7.1 0.12J q55684-94-1 Total HxCDF 0.18

7.1 0.17B37871-00-4 Total HpCDD 24

7.1 0.068J B38998-75-3 Total HpCDF 1.0

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (4-6)

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-12

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_12.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  20:11

Low2(uL)

20(uL)

% Moisture: 31.5

Sample wt/vol: 10.23(g)

N

Analysis Batch No.: 345335 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

58 25-16476523-40-5 13C-2,3,7,8-TCDD

52 24-16989059-46-1 13C-2,3,7,8-TCDF

60 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

55 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

58 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

64 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

56 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

58 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

50 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

56 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

53 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

66 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

55 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

68 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

74 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

107 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Lims ID: 320-56911-A-12-A         
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Sample Type: Client
Inject. Date: 13-Dec-2019 20:11:54 ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-12-A  320-56911-A-12-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 10:58:25 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: messecara Date: 13-Dec-2019 23:49:09

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.886   43493133 0.78  1.2E+06       100.0       100.0  a

D 13C-2,3,7,8-TCDF 17.372   29909755 0.79   1.3318        51.6        51.6   0.1636   0.1636  51.63
  2,3,7,8-TCDF 17.387     392744 0.78   0.9005       1.458       1.458   0.0461   0.0461  M
A Non-2,3,7,8-sub-TCDF 17.062     207585 0.78   0.9005      0.7707      0.7707   0.0461   0.6393
S Total TCDF       2.229       2.229   0.0461   0.0461

D 13C-2,3,7,8-TCDD 18.083   24496009 0.78   0.9647        58.4        58.4   0.1289   0.1289  58.38
  2,3,7,8-TCDD 18.098     117891 0.77   1.0698      0.5015      0.4499   0.0550   0.0550  RQM
$ 37Cl4-2,3,7,8-TCDD 18.098   24251633   1.3082        42.6        42.6   0.0393   0.0393    107

A Non-2,3,7,8-sub-TCDD 17.516     296073 0.77   1.0698       1.155       1.130   0.0550   0.9865  RQ
S Total TCDD       1.656       1.580   0.0550   0.0550  RQ

D 13C-1,2,3,7,8-PeCDF 22.400   25086985 1.60   1.0537        54.7        54.7   0.1130   0.1130  54.74
  1,2,3,7,8-PeCDF 22.400      23018 1.68   0.9704      0.0946      0.0946   0.0441   0.0441  M
D 13C-2,3,4,7,8-PeCDF 23.750   25461805 1.61   1.0173        57.5        57.5   0.1170   0.1170  57.55
  2,3,4,7,8-PeCDF 23.750   0.0458   0.0458
A F1 PeCDFs 19.776   0.0478   0.0478
A Non-2,3,7,8-sub-PeCDF 22.933   0.0449   0.0449
S Total PeCDF      0.0946      0.0946   0.0449   0.0449

D 13C-1,2,3,7,8-PeCDD 24.472   19041353 1.56   0.7281        60.1        60.1   0.0944   0.0944  60.13
  1,2,3,7,8-PeCDD 24.472   0.0702   0.0702
A Non-2,3,7,8-sub-PeCDD 23.368     198398 1.61   1.0023       1.039       1.039   0.0702   0.6457  M
S Total PeCDD       1.039       1.039   0.0702   0.0702

D 13C-1,2,3,4,7,8-HxCDF 30.557   19599270 0.50   0.9632        57.7        57.7   0.1530   0.1530  57.68
  1,2,3,4,7,8-HxCDF 30.557   0.0461   0.0461
D 13C-1,2,3,6,7,8-HxCDF 30.743   18923593 0.50   1.0646        50.4        50.4   0.1385   0.1385  50.39
  1,2,3,6,7,8-HxCDF 30.743   0.0481   0.0481
D 13C-2,3,4,6,7,8-HxCDF 31.569   18045502 0.50   0.9696        52.8        52.8   0.1520   0.1520  52.75
  2,3,4,6,7,8-HxCDF 31.568   0.0379   0.0379
D 13C-1,2,3,7,8,9-HxCDF 32.380   17716764 0.50   0.8955        56.1        56.1   0.1646   0.1646  56.08
  1,2,3,7,8,9-HxCDF 32.394      11637 1.24   1.0664      0.0758      0.0616   0.0336   0.0336  RQ
A Non-2,3,7,8-sub-HxCDF 30.237   0.0407   0.0407
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF      0.0758      0.0616   0.0414   0.0414  RQ

* 13C-1,2,3,7,8,9-HxCDD 32.194   35279518 1.26  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.755   17118330 1.28   0.7590        63.9        63.9   0.1519   0.1519  63.93
  1,2,3,4,7,8-HxCDD 31.768      17562 1.24   1.0054      0.1150      0.1020   0.0366   0.0366  RQM
D 13C-1,2,3,6,7,8-HxCDD 31.861   18177235 1.26   0.9247        55.7        55.7   0.1247   0.1247  55.72
  1,2,3,6,7,8-HxCDD 31.888      19477 1.42   0.9833      0.1090      0.1090   0.0393   0.0393  Ma
  1,2,3,7,8,9-HxCDD 32.207      37034 1.32   1.1036      0.1902      0.1902   0.0342   0.0342  M
A Non-2,3,7,8-sub-HxCDD 30.870     561621 1.24   1.0308       3.145       3.087   0.0366    2.603  RQ
S Total HxCDD       3.559       3.489   0.0367   0.0367  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.793   15294975 0.44   0.7930        54.7        54.7   0.3497   0.3497  54.67
  1,2,3,4,6,7,8-HpCDF 33.805      32440 1.08   1.4240      0.1489      0.1489   0.0226   0.0226
D 13C-1,2,3,4,7,8,9-HpCDF 34.874   17431967 0.43   0.7296        67.7        67.7   0.3801   0.3801  67.73
  1,2,3,4,7,8,9-HpCDF 34.862   0.0250   0.0250
A Non-2,3,7,8-sub-HpCDF 34.340      47646 1.08   1.3537      0.2151      0.2151   0.0237   0.2151  M
S Total HpCDF      0.3640      0.3640   0.0238   0.0238

D 13C-1,2,3,4,6,7,8-HpCDD 34.583   17452129 1.04   0.7532        65.7        65.7   0.2119   0.2119  65.68
  1,2,3,4,6,7,8-HpCDD 34.595     409043 1.01   1.0174       2.304       2.304   0.0603   0.0603
A Non-2,3,7,8-sub-HpCDD 34.309    1113982 0.99   1.0174       6.274       6.274   0.0603    6.274
S Total HpCDD       8.578       8.578   0.0603   0.0603

D 13C-OCDD 36.903   29440567 0.90   0.5621       148.5       148.5   0.1036   0.1036  74.24
  OCDF 37.011     159039 0.92   1.3047      0.8281      0.8281   0.0445   0.0445
  OCDD 36.915    9033743 0.90   1.0997        55.8        55.8   0.0708   0.0708

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Lims ID: 320-56911-A-12-A         
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Sample Type: Client
Inject. Date: 13-Dec-2019 20:11:54 ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-12-A  320-56911-A-12-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 10:58:25 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: messecara Date: 13-Dec-2019 23:49:09

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD a
331.9368 17.886 17.856    2   18992628    4793583   3393   8482   1413 a
333.9339 17.886 17.856    2   24500505    6109147   2029   5072   3011  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.372 17.357    1  0.971   13160201    3332442   5345  13362    623
317.9389 17.372 17.357    1  0.971   16749554    4232964   4157  10392   1018  0.79(0.65-0.89)

2,3,7,8-TCDF M
303.9016 17.387 17.372    1  1.001     172100      38440    533   1332     72 M
305.8987 17.387 17.372    1  1.001     220644      54234    724   1810     75  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 17.009 17.062   -3  0.979      74600      17047    533   1332     32
305.8987 17.009 17.062   -3  0.979      97592      22541    724   1810     31  0.76(0.65-0.89)

303.9016 17.826 17.062   46  1.026      16198       3523    533   1332      7
305.8987 17.826 17.062   46  1.026      19195       3710    724   1810      5  0.84(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 18.083 18.052    2  1.011   10761917    2521164   3393   8482    743
333.9339 18.083 18.052    2  1.011   13734092    3217664   2029   5072   1586  0.78(0.65-0.89)

2,3,7,8-TCDD RQM
319.8965 18.098 18.068    2  1.001      51286      11581    862   2155     13 M
321.8936 18.098 18.068    2  1.001      80136      18301    488   1220     38  0.64(0.65-0.89)

Empc Correction      66605      15040    488   1220     31

37Cl4-2,3,7,8-TCDD
327.8847 18.098 18.068    2  1.012   24251633    5652696   2244   5610   2519

A Non-2,3,7,8-sub-TCDD RQ
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 16.964 17.516  -33  0.938     117330      28534    862   2155     33
321.8936 16.949 17.516  -34  0.937     141191      36546    488   1220     75  0.83(0.65-0.89)

319.8965 17.856 17.516   20  0.987      22931       5233    862   2155      6
Empc Correction      16336       3552    862   2155      4

321.8936 17.856 17.516   20  0.987      21216       4614    488   1220      9  1.08(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.400 22.372    2  1.252   15446090    2688687   3016   7540    891
353.8970 22.400 22.372    2  1.252    9640895    1735569   2175   5437    798  1.60(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 22.400 22.400    0  1.000      14434       2524    306    765      8
341.8567 22.413 22.400    1  1.001       8584       1872    451   1127      4  1.68(1.32-1.78) M

13C-2,3,4,7,8-PeCDF
351.9000 23.750 23.722    2  1.328   15706642    2553530   3016   7540    847
353.8970 23.750 23.722    2  1.328    9755163    1581296   2175   5437    727  1.61(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.750     306     765
341.8567 23.750     451    1127

A F1 PeCDFs
339.8597 19.776     219     547
341.8567 19.776     586    1465

A Non-2,3,7,8-sub-PeCDF
339.8597 22.933     306     765
341.8567 22.933     451    1127

13C-1,2,3,7,8-PeCDD
367.8949 24.472 24.445    2  1.368   11592243    1832962   1612   4030   1137
369.8919 24.472 24.445    2  1.368    7449110    1162188   1384   3460    840  1.56(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.472     540    1350
357.8516 24.472     303     757

A Non-2,3,7,8-sub-PeCDD M

355.8546 21.281 23.368 -125  0.870      25849       4019    540   1350      7 M
357.8516 21.295 23.368 -124  0.870      16998       2380    303    757      8  1.52(1.32-1.78)

355.8546 22.031 23.368  -80  0.900      77049      12902    540   1350     24 M
357.8516 22.031 23.368  -80  0.900      46183       8316    303    757     27  1.67(1.32-1.78)

355.8546 23.504 23.368    8  0.960      19499       3234    540   1350      6 M
357.8516 23.504 23.368    8  0.960      12820       2736    303    757      9  1.52(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.557 30.543    1  0.949    6537000    1246271   2012   5030    619
385.8610 30.557 30.543    1  0.949   13062270    2515202   3794   9485    663  0.50(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.557     342     855
375.8178 30.557     374     935

13C-1,2,3,6,7,8-HxCDF
383.8639 30.743 30.716    2  0.955    6332447    1215400   2012   5030    604
385.8610 30.743 30.716    2  0.955   12591146    2416706   3794   9485    637  0.50(0.43-0.59)
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDF
373.8208 30.743     342     855
375.8178 30.743     374     935

13C-2,3,4,6,7,8-HxCDF
383.8639 31.569 31.555    1  0.981    6020036    1472519   2012   5030    732
385.8610 31.569 31.555    1  0.981   12025466    2959512   3794   9485    780  0.50(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.568     342     855
375.8178 31.568     374     935

13C-1,2,3,7,8,9-HxCDF
383.8639 32.380 32.367    1  1.006    5943954    1691161   2012   5030    841
385.8610 32.380 32.367    1  1.006   11772810    3309783   3794   9485    872  0.50(0.43-0.59)

1,2,3,7,8,9-HxCDF RQ
373.8208 32.394 32.380    1  1.000       6442       2063    342    855      6
375.8178 32.394 32.380    1  1.000       7871       1715    374    935      5  0.82(1.05-1.43)

Empc Correction       5195       1663    374    935      4

A Non-2,3,7,8-sub-HxCDF
373.8208 30.237     342     855
375.8178 30.237     374     935

13C-1,2,3,7,8,9-HxCDD
401.8559 32.194 32.181    1   19703474    5485164   2473   6182   2218
403.8529 32.194 32.181    1   15576044    4362144   2068   5170   2109  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.755 31.741    1  0.986    9626278    2648964   2473   6182   1071
403.8529 31.755 31.741    1  0.986    7492052    2082634   2068   5170   1007  1.28(1.05-1.43)

1,2,3,4,7,8-HxCDD RQM
389.8157 31.768 31.755    1  1.000       9722       2506    331    827      8 M
391.8127 31.781 31.755    2  1.001      10067       2611    366    915      7  0.97(1.05-1.43) M

Empc Correction       7840       2020    366    915      6

13C-1,2,3,6,7,8-HxCDD
401.8559 31.861 31.848    1  0.990   10131015    2508241   2473   6182   1014
403.8529 31.861 31.848    1  0.990    8046220    2004284   2068   5170    969  1.26(1.05-1.43)

1,2,3,6,7,8-HxCDD Ma
389.8157 31.888 31.861    2  1.001      11414       2394    331    827      7 M
391.8127 31.861 31.861    0  1.000       8063       1856    366    915      5  1.42(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8157 32.207 32.194    1  1.014      21100       3890    331    827     12 M
391.8127 32.207 32.194    1  1.014      15934       3844    366    915     11  1.32(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQ

389.8157 29.625 30.870  -75  0.930     261310      32802    331    827     99
391.8127 29.612 30.870  -75  0.929     212275      26949    366    915     74  1.23(1.05-1.43)

389.8157 31.023 30.870    9  0.974      41759       7541    331    827     23
391.8127 31.023 30.870    9  0.974      41725       8484    366    915     23  1.00(1.05-1.43)

Empc Correction      33676       6081    366    915     17

389.8157 31.222 30.870   21  0.980       6976       1849    331    827      6
391.8127 31.249 30.870   23  0.981       8019       1534    366    915      4  0.87(1.05-1.43)

Empc Correction       5625       1491    366    915      4
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.793 33.780    1  1.050    4643289    1582533   2808   7020    564
419.8220 33.793 33.780    1  1.050   10651686    3604174   8115  20287    444  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.805 33.793    1  1.000      16868       5504    452   1130     12
409.7789 33.805 33.793    1  1.000      15572       5590    217    542     26  1.08(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.874 34.862    1  1.083    5254587    1581269   2808   7020    563
419.8220 34.874 34.862    1  1.083   12177380    3636153   8115  20287    448  0.43(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.862     452    1130
409.7789 34.862     217     542

A Non-2,3,7,8-sub-HpCDF M

407.7818 34.109 34.340  -14  1.009      24756       7562    452   1130     17 M
409.7789 34.109 34.340  -14  1.009      22890       7173    217    542     33  1.08(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.583 34.570    1  1.074    8899322    2863167   4136  10340    692
437.8140 34.583 34.570    1  1.074    8552807    2721877   2150   5375   1266  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.595 34.583    1  1.000     205052      60366    856   2140     71
425.7737 34.595 34.583    1  1.000     203991      59201    514   1285    115  1.01(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 34.048 34.309  -16  0.985     554670     174005    856   2140    203
425.7737 34.048 34.309  -16  0.985     559312     180611    514   1285    351  0.99(0.88-1.20)

13C-OCDD
469.7779 36.903 36.891    1  1.146   13930319    3791857   1242   3105   3053
471.7750 36.903 36.891    1  1.146   15510248    4184605   1051   2627   3982  0.90(0.76-1.02)

OCDF
441.7428 37.011 36.999    1  1.003      76146      16758    345    862     49
443.7399 36.999 36.999    0  1.003      82893      18553    582   1455     32  0.92(0.76-1.02)

OCDD
457.7377 36.915 36.903    1  1.000    4287042    1141237    634   1585   1800
459.7348 36.915 36.903    1  1.000    4746701    1249327    608   1520   2055  0.90(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Lims ID: 320-56911-A-12-A
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Inject. Date: 13-Dec-2019 20:11:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 12

Non-2,3,7,8-sub-TCDF, RT: 17.062

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.901 D 13C-2,3,7,8-TCDF                        100.000        29909755         7565406
Averages:

RRFn Qis Ris Area Ris Height
  0.901        100.000        29909755         7565406

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

17.009             74600             17047             97592             22541      0.6393 0.76
17.826             16198              3523             19195              3710      0.1314 0.84
Signal Totals:

            90798             20570            116787             26251
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           207585             46821 0.78

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7707 = (207585 * 100.000) / (29909755 * 0.901)
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Lims ID: 320-56911-A-12-A
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Inject. Date: 13-Dec-2019 20:11:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 12

Non-2,3,7,8-sub-TCDD, RT: 17.516

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.070 D 13C-2,3,7,8-TCDD                        100.000        24496009         5738828
Averages:

RRFn Qis Ris Area Ris Height
  1.070        100.000        24496009         5738828

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.964            117330             28534            141191             36546      0.9865 0.83
17.856             22931              5233             21216              4614      0.1685 1.08 RQ
17.856             16336              3552             21216              4614      0.1433 Empc Correction
Signal Totals:

           133666             32086            162407             41160
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           302668             74927 0.86 RQ
           296073             73246 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.155 = (302668 * 100.000) / (24496009 * 1.070)
Empc Amount:          1.130 = (296073 * 100.000) / (24496009 * 1.070)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Lims ID: 320-56911-A-12-A
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Inject. Date: 13-Dec-2019 20:11:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 12

Non-2,3,7,8-sub-PeCDD, RT: 23.368

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.002 D 13C-1,2,3,7,8-PeCDD                     100.000        19041353         2995150
Averages:

RRFn Qis Ris Area Ris Height
  1.002        100.000        19041353         2995150

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

21.281             25849              4019             16998              2380      0.2245 1.52 M
22.031             77049             12902             46183              8316      0.6457 1.67 M
23.504             19499              3234             12820              2736      0.1693 1.52 M
Signal Totals:

           122397             20155             76001             13432
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           198398             33587 1.61 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.039 = (198398 * 100.000) / (19041353 * 1.002)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Lims ID: 320-56911-A-12-A
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Inject. Date: 13-Dec-2019 20:11:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 12

Non-2,3,7,8-sub-HxCDD, RT: 30.870

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.005 D 13C-1,2,3,4,7,8-HxCDD                   100.000        17118330         4731598
  1,2,3,6,7,8-HxCDD                  0.983 D 13C-1,2,3,6,7,8-HxCDD                   100.000        18177235         4512525
  1,2,3,7,8,9-HxCDD                  1.104
Averages:

RRFn Qis Ris Area Ris Height
  1.031        100.000        17647782         4622061

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.625            261310             32802            212275             26949        2.60 1.23
31.023             41759              7541             41725              8484      0.4589 1.00 RQ
31.023             41759              7541             33676              6081      0.4147 Empc Correction
31.222              6976              1849              8019              1534      0.0824 0.87 RQ
31.222              6976              1849              5625              1491      0.0693 Empc Correction
Signal Totals:

           310045             42192            251576             34521
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           572064             79159 1.18 RQ
           561621             76713 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.145 = (572064 * 100.000) / (17647782 * 1.031)
Empc Amount:          3.087 = (561621 * 100.000) / (17647782 * 1.031)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Lims ID: 320-56911-A-12-A
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Inject. Date: 13-Dec-2019 20:11:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 12

Non-2,3,7,8-sub-HpCDF, RT: 34.340

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.424 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        15294975         5186707
  1,2,3,4,7,8,9-HpCDF                1.283 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        17431967         5217422
Averages:

RRFn Qis Ris Area Ris Height
  1.354        100.000        16363471         5202064

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

34.109             24756              7562             22890              7173      0.2151 1.08 M
Signal Totals:

            24756              7562             22890              7173
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            47646             14735 1.08 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2151 = (47646 * 100.000) / (16363471 * 1.354)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Lims ID: 320-56911-A-12-A
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Inject. Date: 13-Dec-2019 20:11:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 12

Non-2,3,7,8-sub-HpCDD, RT: 34.309

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.017 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        17452129         5585044
Averages:

RRFn Qis Ris Area Ris Height
  1.017        100.000        17452129         5585044

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

34.048            554670            174005            559312            180611        6.27 0.99
Signal Totals:

           554670            174005            559312            180611
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1113982            354616 0.99

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          6.274 = (1113982 * 100.000) / (17452129 * 1.017)
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  17.39
Area: 177852
Amount:    1.479517
Amount Units: pg/ul
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Manual Integration Results
RT:  17.39
Area: 172100
Amount:    1.458161
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:55:52
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  18.10
Area: 59330
Amount:    0.532200
Amount Units: pg/ul
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Manual Integration Results
RT:  18.10
Area: 51286
Amount:    0.501504
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:56:08
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 10:58:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  22.41
Area: 8817
Amount:    0.095509
Amount Units: pg/ul
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Manual Integration Results
RT:  22.41
Area: 8584
Amount:    0.094552
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:56:26
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 21.21- 25.53)
Signal: 1

Processing Integration Results
RT = 21.281 Area = 27876
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Manual Integration Results
RT = 21.281 Area = 25849 M
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Reviewer: dadunj, 16-Dec-2019 10:56:56
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 21.21- 25.53)
Signal: 1

Processing Integration Results
RT = 22.031 Area = 79102
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Manual Integration Results
RT = 22.031 Area = 77049 M
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Reviewer: dadunj, 16-Dec-2019 10:56:56
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 21.21- 25.53)
Signal: 1

Processing Integration Results
RT = 23.504 Area = 28897
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Manual Integration Results
RT = 23.504 Area = 19499 M
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Reviewer: dadunj, 16-Dec-2019 10:56:56
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  31.77
Area: 21141
Amount:    0.228181
Amount Units: pg/ul
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Manual Integration Results
RT:  31.77
Area: 9722
Amount:    0.114982
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:57:13
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.78
Area: 18130
Amount:    0.228181
Amount Units: pg/ul
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Manual Integration Results
RT:  31.78
Area: 10067
Amount:    0.114982
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:57:15
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  31.78
Area: 18130
Amount:    0.219712
Amount Units: pg/ul
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Manual Integration Results
RT:  31.86
Area: 8063
Amount:    0.108969
Amount Units: pg/ul

31.4 31.6 31.8 32.0 32.2 32.4
Min

RT

19

22

25

28

31

34

37

40

43

46

49

52

55

58

61

Y
 ( 

X
10

0)

F3:m/z     391.8127:SG5Pt_x1

 3
1.

86
1

Reviewer: dadunj, 16-Dec-2019 10:57:21
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  31.77
Area: 39271
Amount:    0.219712
Amount Units: pg/ul

31.3 31.5 31.7 31.9 32.1 32.3 32.5
Min

19

22

25

28

31

34

37

40

43

46

49

52

55

58

61

Y
 ( 

X
10

0)

F3:m/z     391.8127:SG5Pt_x1

 3
1.

78
1

Manual Integration Results
RT:  31.89
Area: 19477
Amount:    0.108969
Amount Units: pg/ul
Reviewer: dadunj, 16-Dec-2019 10:57:21
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  31.77
Area: 21141
Amount:    0.219712
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 11414
Amount:    0.108969
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:57:23
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  32.21
Area: 24483
Amount:    0.207524
Amount Units: pg/ul
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Manual Integration Results
RT:  32.21
Area: 21100
Amount:    0.190154
Amount Units: pg/ul

31.8 32.0 32.2 32.4 32.6
Min

RT

18

22

26

30

34

38

42

46

50

54

58

62

Y
 ( 

X
10

0)

F3:m/z     389.8157:SG5Pt_x1

 3
2.

20
7

Reviewer: dadunj, 16-Dec-2019 10:57:28
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Instrument ID: 10D5
Lims ID: 320-56911-A-12-A         Lab Sample ID: 320-56911-12             
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7818, RT: ( 33.78- 34.90)
Signal: 1

Processing Integration Results
RT = 34.109 Area = 26225
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Manual Integration Results
RT = 34.109 Area = 24756 M
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Reviewer: dadunj, 16-Dec-2019 10:57:36
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

1

6

11

16

21

26

31

36

Y
 ( 

X
10

00
)

F1:m/z     319.8965:SG5Pt_x1
Non-2,3,7,8-sub-TCDD
          16.96

2,3,7,8-TCDD
          18.10

18.43

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

1

7

13

19

25

31

37

43

49

Y
 ( 

X
10

00
)

F1:m/z     321.8936:SG5Pt_x1

Non-2,3,7,8-sub-TCDD
          16.95

2,3,7,8-TCDD
          18.10

16.39
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13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

6

13

20

27

34

41

48

55

62

69

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          18.10

37Cl4-TCDD Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.89

13C-2,3,7,8-TCDD
          18.08
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Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

16

18

20

22

24

26

28

30

32

34

36

38

40

42

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

19.52

14.20

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

13

15

17

19

21

23

25

27

29

31

33

35

37

39

41

43

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1
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Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

16

19

22

25

28

31

34

37

40

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

19.52

14.20

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

13

16

19

22

25

28

31

34

37

40

43

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

13

17

21

25

29

33

37

41

45

49

Y
 ( 

X
10

0)

F1:m/z     409.7974:SG5Pt_x1

14.33
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

16

22

28

34

40

46

52

58

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.40

21.06

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

15

20

25

30

35

40

45

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.41

PeCDF Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
00

)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.40

22.93

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.40

22.92
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

16

20

24

28

32

36

40

44

48

52

56

Y
 ( 

X
10

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.40

21.06

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

15

18

21

24

27

30

33

36

39

42

45

48

Y
 ( 

X
10

0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.41

PeCDF Interference Mass

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

10

14

18

22

26

30

34

38

42

46

Y
 ( 

X
10

0)

F2:m/z     409.7974:SG5Pt_x1
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

4

7

10

13

16

19

Y
 ( 

X
10

00
)

F2:m/z     355.8546:SG5Pt_x1

Non-2,3,7,8-sub-PeCDD
          22.03

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

3

5

7

9

11

13

Y
 ( 

X
10

00
)

F2:m/z     357.8516:SG5Pt_x1

Non-2,3,7,8-sub-PeCDD
          22.03

Non-2,3,7,8-sub-PeCDD
          23.50

PeCDD Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47

22.44

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.47
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

18

24

30

36

42

48

54

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.39

30.61

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

16

20

24

28

32

36

40

44

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.39

HxCDF Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.38

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.38
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

18

22

26

30

34

38

42

46

50

54

58

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.39

30.61

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

16

19

22

25

28

31

34

37

40

43

46

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.39

HxCDF Interference Mass

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

21

24

27

30

33

36

39

42

45

48

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

7

13

19

25

31

37

43

Y
 ( 

X
10

00
)

F3:m/z     389.8157:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.63

L 1,2,3,7,8,9-HxCDD
          32.21

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

1

6

11

16

21

26

31

36

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.61

HxCDD Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.19

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.19
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

34.02

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

34.87

HpCDF Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.79

13C-1,2,3,4,7,8,9-HpCDF
          34.87

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,7,8,9-HpCDF
          34.87

13C-1,2,3,4,6,7,8-HpCDF
          33.79
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.81

34.02

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.81

34.87

HpCDF Interference Mass

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

13

17

21

25

29

33

37

41

45

49

53

57

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F4:m/z     423.7766:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          34.05

1,2,3,4,6,7,8-HpCDD
          34.59

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          34.05

1,2,3,4,6,7,8-HpCDD
          34.59

HpCDD Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.58

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.58
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

4

7

10

13

16

19

22

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

5

9

13

17

21

25

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.00

OCDF Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

6

12

18

24

30

36

42

48

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1

13C-OCDD
  36.90

37.38

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.90

37.57
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

3

5

7

9

11

13

15

17

19

21

23

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

4

7

10

13

16

19

22

25

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.00

OCDF Interference Mass

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

13

19

25

31

37

43

49

55

61

67

73

79

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1

36.51

38.80

38.29
40.89
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.92

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.92

OCDD Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

6

12

18

24

30

36

42

48

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1

13C-OCDD
  36.90

37.38

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.90

37.57
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 16-Dec-2019 10:58:27 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_12.d
Injection Date: 13-Dec-2019 20:11:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345335 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-SJSSA0
5 (4-6) RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-12 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_013.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  15:25

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/17/2019  03:03

Low2(uL)

20(uL)

% Moisture: 31.5

Sample wt/vol: 10.23(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.4 0.2151207-31-9 2,3,7,8-TCDF 4.5

%RECCAS NO. LIMITSQISOTOPE DILUTION

58 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

107 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:38:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_013.d
Lims ID: 320-56911-A-12-A         
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Sample Type: Client
Inject. Date: 17-Dec-2019 03:03:09 ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-12-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:36:47

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.380   78873103 0.76  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.573   61487848 0.78   1.3379        58.3        58.3   0.3005   0.3005  58.27
  2,3,7,8-TCDF 16.601     807273 0.88   0.8389       1.565       1.565   0.0732   0.0732
D 13C-2,3,7,8-TCDD 15.133   40974539 0.75   0.9388        55.3        55.3   0.3348   0.3348  55.34
  2,3,7,8-TCDD 15.160     264409 0.82   1.1538      0.5593      0.5593   0.1174   0.1174
$ 37Cl4-2,3,7,8-TCDD 15.146   39743013   1.1816        42.6        42.6   0.0868   0.0868    107

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 17-Dec-2019 09:38:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_013.d
Lims ID: 320-56911-A-12-A         
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Sample Type: Client
Inject. Date: 17-Dec-2019 03:03:09 ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-12-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:36:47

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.380 15.383    0   34118255    7259615  13456  33640    540
333.9339 15.380 15.383    0   44754848    9564385   7699  19247   1242  0.76(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.573 16.576    0  1.078   26871774    5408836  16196  40490    334
317.9389 16.573 16.576    0  1.078   34616074    6793199  10861  27152    625  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.601 16.590    1  1.002     377482      65446   1189   2972     55
305.8987 16.587 16.590    0  1.001     429791      82807   1807   4517     46  0.88(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.133 15.122    1  0.984   17542705    3641243  13456  33640    271
333.9339 15.133 15.122    1  0.984   23431834    4892812   7699  19247    636  0.75(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.160 15.149    1  1.002     119359      24824   3112   7780      8
321.8936 15.146 15.149    0  1.001     145050      31890   1513   3782     21  0.82(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.146 15.149    0  0.985   39743013    8431487   6900  17250   1222

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 17-Dec-2019 09:38:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_013.d
Injection Date: 17-Dec-2019 03:03:09 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345960 Sample Line#: 13
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.60

15.09

14.60 17.23

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          16.59

15.09

14.58 16.85

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

10

21

32

43

54

65

76

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

23.0518.9916.97
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Report Date: 17-Dec-2019 09:38:35 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_013.d
Injection Date: 17-Dec-2019 03:03:09 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345960 Sample Line#: 13
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-4

3

10

17

24

31

38

45

52

59

66

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 17-Dec-2019 09:38:36 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_013.d
Injection Date: 17-Dec-2019 03:03:09 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345960 Sample Line#: 13
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 17-Dec-2019 09:38:36 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_013.d
Injection Date: 17-Dec-2019 03:03:09 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-SJSSA05 (4-6)
Worklist#: 345960 Sample Line#: 13
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

45

48

51

54

57

60

63

66

69

72

75

78

81

84

87

90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-DUP2

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-13

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_13.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  00:00

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  20:57

Low2(uL)

20(uL)

% Moisture: 23.5

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 345335 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.181746-01-6 2,3,7,8-TCDD 2.7

6.5 0.1640321-76-4 1,2,3,7,8-PeCDD ND

6.5 0.090J57117-41-6 1,2,3,7,8-PeCDF 0.38

6.5 0.08657117-31-4 2,3,4,7,8-PeCDF ND

6.5 0.098J39227-28-6 1,2,3,4,7,8-HxCDD 0.45

6.5 0.11J B57653-85-7 1,2,3,6,7,8-HxCDD 0.38

6.5 0.091J19408-74-3 1,2,3,7,8,9-HxCDD 1.1

6.5 0.11J70648-26-9 1,2,3,4,7,8-HxCDF 0.28

6.5 0.1257117-44-9 1,2,3,6,7,8-HxCDF ND

6.5 0.081J q72918-21-9 1,2,3,7,8,9-HxCDF 0.17

6.5 0.08860851-34-5 2,3,4,6,7,8-HxCDF ND

6.5 0.25B35822-46-9 1,2,3,4,6,7,8-HpCDD 15

6.5 0.065J67562-39-4 1,2,3,4,6,7,8-HpCDF 0.77

6.5 0.06655673-89-7 1,2,3,4,7,8,9-HpCDF ND

13 0.34B3268-87-9 OCDD 380

13 0.12J B39001-02-0 OCDF 4.4

1.3 0.18q41903-57-5 Total TCDD 14

1.3 0.12q30402-14-3 Total TCDF 16

6.5 0.16q36088-22-9 Total PeCDD 7.6

6.5 0.088J30402-15-4 Total PeCDF 0.85

6.5 0.098B q34465-46-8 Total HxCDD 28

6.5 0.099J q55684-94-1 Total HxCDF 0.45

6.5 0.25B37871-00-4 Total HpCDD 65

6.5 0.066J B38998-75-3 Total HpCDF 1.8

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-DUP2

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-13

Eurofins TestAmerica, Sacramento

Matrix: 13DE1910D5_13.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  00:00

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  20:57

Low2(uL)

20(uL)

% Moisture: 23.5

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 345335 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

54 25-16476523-40-5 13C-2,3,7,8-TCDD

56 24-16989059-46-1 13C-2,3,7,8-TCDF

62 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

55 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

61 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

60 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

48 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

51 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

44 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

52 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

47 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

55 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

44 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

59 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

60 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

104 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Lims ID: 320-56911-A-13-A         
Client ID: 11187072-120819-BN-DUP2
Sample Type: Client
Inject. Date: 13-Dec-2019 20:57:54 ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-13-A  320-56911-A-13-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 11:03:39 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: messecara Date: 13-Dec-2019 23:50:33

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.901   49067459 0.77  1.2E+06       100.0       100.0  a

D 13C-2,3,7,8-TCDF 17.387   36291079 0.77   1.3318        55.5        55.5   0.1307   0.1307  55.53
  2,3,7,8-TCDF 17.402    1153209 0.73   0.9005       3.529       3.529   0.0475   0.0475
A Non-2,3,7,8-sub-TCDF 17.062     824562 0.77   0.9005       2.575       2.523   0.0475    1.501  RQM
S Total TCDF       6.104       6.052   0.0475   0.0475  RQ

D 13C-2,3,7,8-TCDD 18.098   25795512 0.78   0.9647        54.5        54.5   0.1217   0.1217  54.50
  2,3,7,8-TCDD 18.113     288143 0.68   1.0698       1.044       1.044   0.0695   0.0695  M
$ 37Cl4-2,3,7,8-TCDD 18.113   26605646   1.3082        41.4        41.4   0.0713   0.0713    104

A Non-2,3,7,8-sub-TCDD 17.516    1218890 0.77   1.0698       4.427       4.417   0.0695    3.724  RQMa
S Total TCDD       5.471       5.461   0.0695   0.0695  RQ

D 13C-1,2,3,7,8-PeCDF 22.413   28199301 1.59   1.0537        54.5        54.5   0.1102   0.1102  54.54
  1,2,3,7,8-PeCDF 22.441      40566 1.34   0.9704      0.1482      0.1482   0.0349   0.0349  M
D 13C-2,3,4,7,8-PeCDF 23.763   30239718 1.60   1.0173        60.6        60.6   0.1142   0.1142  60.58
  2,3,4,7,8-PeCDF 23.750   0.0333   0.0333
A F1 PeCDFs 19.776      24629 1.76   0.9845      0.0856      0.0856   0.0304   0.0856  M
A Non-2,3,7,8-sub-PeCDF 22.933      27722 1.44   0.9845      0.0964      0.0964   0.0341   0.0964
S Total PeCDF      0.3302      0.3302   0.0341   0.0341

D 13C-1,2,3,7,8-PeCDD 24.486   22108653 1.57   0.7281        61.9        61.9   0.0788   0.0788  61.88
  1,2,3,7,8-PeCDD 24.472   0.0611   0.0611
A Non-2,3,7,8-sub-PeCDD 23.368     648200 1.55   1.0023       3.004       2.925   0.0611    1.951  RQ
S Total PeCDD       3.004       2.925   0.0611   0.0611  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.570   20897033 0.51   0.9632        51.2        51.2   0.1477   0.1477  51.15
  1,2,3,4,7,8-HxCDF 30.583      23334 1.11   1.0315      0.1083      0.1083   0.0428   0.0428  M
D 13C-1,2,3,6,7,8-HxCDF 30.757   19965066 0.51   1.0646        44.2        44.2   0.1337   0.1337  44.22
  1,2,3,6,7,8-HxCDF 30.743   0.0451   0.0451
D 13C-2,3,4,6,7,8-HxCDF 31.582   19468824 0.51   0.9696        47.3        47.3   0.1468   0.1468  47.34
  2,3,4,6,7,8-HxCDF 31.568   0.0338   0.0338
D 13C-1,2,3,7,8,9-HxCDF 32.380   19723207 0.49   0.8955        51.9        51.9   0.1589   0.1589  51.93
  1,2,3,7,8,9-HxCDF 32.394      14122 1.24   1.0664      0.0741      0.0671   0.0312   0.0312  RQM
A Non-2,3,7,8-sub-HxCDF 30.237   0.0375   0.0375
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF      0.1824      0.1754   0.0383   0.0383  RQ

* 13C-1,2,3,7,8,9-HxCDD 32.207   42413689 1.25  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.768   19159641 1.28   0.7590        59.5        59.5   0.1516   0.1516  59.52
  1,2,3,4,7,8-HxCDD 31.781      33177 1.31   1.0054      0.1722      0.1722   0.0378   0.0378  M
D 13C-1,2,3,6,7,8-HxCDD 31.875   18975671 1.25   0.9247        48.4        48.4   0.1244   0.1244  48.38
  1,2,3,6,7,8-HxCDD 31.888      27140 1.31   0.9833      0.1455      0.1455   0.0406   0.0406  Ma
  1,2,3,7,8,9-HxCDD 32.207      87918 1.11   1.1036      0.4178      0.4178   0.0353   0.0353
A Non-2,3,7,8-sub-HxCDD 30.870    1985230 1.24   1.0308        10.1        10.1   0.0378    8.607  RQ
S Total HxCDD        10.9        10.8   0.0379   0.0379  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.805   14954969 0.42   0.7930        44.5        44.5   0.2626   0.2626  44.46
  1,2,3,4,6,7,8-HpCDF 33.817      63073 1.03   1.4240      0.2962      0.2962   0.0253   0.0253  M
D 13C-1,2,3,4,7,8,9-HpCDF 34.874   18240568 0.43   0.7296        58.9        58.9   0.2854   0.2854  58.95
  1,2,3,4,7,8,9-HpCDF 34.862   0.0256   0.0256
A Non-2,3,7,8-sub-HpCDF 34.340      92739 1.03   1.3537      0.4128      0.4128   0.0254   0.4128  M
S Total HpCDF      0.7089      0.7089   0.0254   0.0254

D 13C-1,2,3,4,6,7,8-HpCDD 34.595   17596275 1.04   0.7532        55.1        55.1   0.1849   0.1849  55.08
  1,2,3,4,6,7,8-HpCDD 34.595    1045582 1.06   1.0174       5.840       5.840   0.0975   0.0975
A Non-2,3,7,8-sub-HpCDD 34.309    3420498 1.02   1.0174        19.1        19.1   0.0975     19.1
S Total HpCDD        24.9        24.9   0.0975   0.0975

D 13C-OCDD 36.915   28438617 0.91   0.5621       119.3       119.3   0.0916   0.0916  59.65
  OCDF 37.011     316328 0.90   1.3047       1.705       1.705   0.0482   0.0482
  OCDD 36.927   22814860 0.89   1.0997       145.9       145.9   0.1320   0.1320

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Lims ID: 320-56911-A-13-A         
Client ID: 11187072-120819-BN-DUP2
Sample Type: Client
Inject. Date: 13-Dec-2019 20:57:54 ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-13-A  320-56911-A-13-A
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 16-Dec-2019 11:03:39 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: messecara Date: 13-Dec-2019 23:50:33

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD a
331.9368 17.901 17.856    3   21368383    5441595   3215   8037   1693 a
333.9339 17.901 17.856    3   27699076    6940099   2600   6500   2669  0.77(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.387 17.357    2  0.971   15833064    4037222   5287  13217    764
317.9389 17.387 17.357    2  0.971   20458015    5235648   3334   8335   1570  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.402 17.372    2  1.001     486850     115677    660   1650    175
305.8987 17.402 17.372    2  1.001     666359     161291    928   2320    174  0.73(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQM

303.9016 15.482 17.062  -95  0.890      14706       4388    660   1650      7
305.8987 15.482 17.062  -95  0.890      17433       5436    928   2320      6  0.84(0.65-0.89)

303.9016 15.996 17.062  -64  0.920      23817       5695    660   1650      9
305.8987 15.996 17.062  -64  0.920      35972       8957    928   2320     10  0.66(0.65-0.89)

303.9016 16.268 17.062  -48  0.936      17298       3901    660   1650      6
305.8987 16.268 17.062  -48  0.936      28164       6284    928   2320      7  0.61(0.65-0.89)

Empc Correction      22464       5066    928   2320      5

303.9016 16.495 17.062  -34  0.949      20144       4397    660   1650      7
305.8987 16.495 17.062  -34  0.949      26034       6759    928   2320      7  0.77(0.65-0.89)

303.9016 16.737 17.062  -19  0.963      26904       4716    660   1650      7
Empc Correction      15689       4459    660   1650      7

305.8987 16.737 17.062  -19  0.963      20376       5791    928   2320      6  1.32(0.65-0.89)

303.9016 17.024 17.062   -2  0.979     206879      51329    660   1650     78 M
305.8987 17.024 17.062   -2  0.979     283728      72474    928   2320     78  0.73(0.65-0.89)

303.9016 17.841 17.062   47  1.026      38262       7492    660   1650     11
305.8987 17.841 17.062   47  1.026      46877       9997    928   2320     11  0.82(0.65-0.89)
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 18.581 17.062   91  1.069      14357       3253    660   1650      5
305.8987 18.581 17.062   91  1.069      20526       5016    928   2320      5  0.70(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 18.098 18.052    3  1.011   11306765    2648742   3215   8037    824
333.9339 18.098 18.052    3  1.011   14488747    3473315   2600   6500   1336  0.78(0.65-0.89)

2,3,7,8-TCDD M
319.8965 18.113 18.068    3  1.001     116620      27139   1058   2645     26
321.8936 18.113 18.068    3  1.001     171523      44068    762   1905     58  0.68(0.65-0.89) M

37Cl4-2,3,7,8-TCDD
327.8847 18.113 18.068    3  1.012   26605646    6284803   4618  11545   1361

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 16.420 17.516  -66  0.907      22359       4999   1058   2645      5
321.8936 16.420 17.516  -66  0.907      27271       7269    762   1905     10  0.82(0.65-0.89)

319.8965 16.964 17.516  -33  0.937     452563     116313   1058   2645    110
321.8936 16.964 17.516  -33  0.937     574979     151028    762   1905    198  0.79(0.65-0.89)

319.8965 17.871 17.516   21  0.987      52929      12413   1058   2645     12 M
321.8936 17.871 17.516   21  0.987      71659      16453    762   1905     22  0.74(0.65-0.89)

319.8965 18.007 17.516   29  0.995      10227       3199   1058   2645      3 M
Empc Correction       7452       2325   1058   2645      2

321.8936 18.007 17.516   29  0.995       9678       3020    762   1905      4  1.06(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.413 22.372    2  1.252   17310642    3075415   3513   8782    875
353.8970 22.413 22.372    2  1.252   10888659    1902843   2239   5597    850  1.59(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 22.441 22.400    2  1.001      23238       4520    326    815     14 M
341.8567 22.413 22.400    1  1.000      17328       2523    348    870      7  1.34(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.763 23.722    2  1.327   18614071    3111939   3513   8782    886
353.8970 23.763 23.722    2  1.327   11625647    1958680   2239   5597    875  1.60(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.750     326     815
341.8567 23.750     348     870

A F1 PeCDFs M

339.8597 19.504 19.776  -16  0.870      15714       2650    221    552     12 M
341.8567 19.519 19.776  -15  0.871       8915       1901    381    952      5  1.76(1.32-1.78) M

A Non-2,3,7,8-sub-PeCDF

339.8597 21.063 22.933 -112  0.940      16364       2905    326    815      9
341.8567 21.090 22.933 -110  0.941      11358       2417    348    870      7  1.44(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 24.486 24.445    2  1.368   13491918    2169153   1764   4410   1230
369.8919 24.486 24.445    2  1.368    8616735    1373138   1077   2692   1275  1.57(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.472     553    1382
357.8516 24.472     315     787
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 21.281 23.368 -125  0.869      56766      10890    553   1382     20
357.8516 21.281 23.368 -125  0.869      54098       8984    315    787     29  1.05(1.32-1.78)

Empc Correction      36623       7025    315    787     22

355.8546 22.031 23.368  -80  0.900     261263      47719    553   1382     86
357.8516 22.031 23.368  -80  0.900     170987      30640    315    787     97  1.53(1.32-1.78)

355.8546 23.518 23.368    9  0.960      74855       9139    553   1382     17
357.8516 23.531 23.368   10  0.961      47706       5467    315    787     17  1.57(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.570 30.543    2  0.949    7035535    1339213   2595   6487    516
385.8610 30.570 30.543    2  0.949   13861498    2649284   3697   9242    717  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF M
373.8208 30.583 30.557    2  1.000      12280       2121    390    975      5 M
375.8178 30.597 30.557    2  1.001      11054       2045    315    787      6  1.11(1.05-1.43) M

13C-1,2,3,6,7,8-HxCDF
383.8639 30.757 30.716    2  0.955    6700078    1271731   2595   6487    490
385.8610 30.757 30.716    2  0.955   13264988    2542014   3697   9242    688  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.743     390     975
375.8178 30.743     315     787

13C-2,3,4,6,7,8-HxCDF
383.8639 31.582 31.555    2  0.981    6567814    1671728   2595   6487    644
385.8610 31.582 31.555    2  0.981   12901010    3219479   3697   9242    871  0.51(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.568     390     975
375.8178 31.568     315     787

13C-1,2,3,7,8,9-HxCDF
383.8639 32.380 32.367    1  1.005    6520694    1739765   2595   6487    670
385.8610 32.380 32.367    1  1.005   13202513    3549520   3697   9242    960  0.49(0.43-0.59)

1,2,3,7,8,9-HxCDF RQM
373.8208 32.394 32.380    1  1.000       7818       2411    390    975      6 M
375.8178 32.394 32.380    1  1.000       7767       2038    315    787      6  1.01(1.05-1.43)

Empc Correction       6304       1944    315    787      6

A Non-2,3,7,8-sub-HxCDF
373.8208 30.237     390     975
375.8178 30.237     315     787

13C-1,2,3,7,8,9-HxCDD
401.8559 32.207 32.181    2   23565440    6121665   2868   7170   2134
403.8529 32.207 32.181    2   18848249    4932279   2219   5547   2223  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.768 31.741    2  0.986   10746984    2898568   2868   7170   1011
403.8529 31.768 31.741    2  0.986    8412657    2263581   2219   5547   1020  1.28(1.05-1.43)

1,2,3,4,7,8-HxCDD M
389.8157 31.781 31.755    2  1.000      18793       4358    360    900     12
391.8127 31.781 31.755    2  1.000      14384       3201    425   1062      8  1.31(1.05-1.43) M
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.875 31.848    2  0.990   10546167    2715104   2868   7170    947
403.8529 31.875 31.848    2  0.990    8429504    2195129   2219   5547    989  1.25(1.05-1.43)

1,2,3,6,7,8-HxCDD Ma
389.8157 31.888 31.861    2  1.000      15413       3840    360    900     11 M
391.8127 31.888 31.861    2  1.000      11727       2873    425   1062      7  1.31(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.207 32.194    1  1.014      46207       9229    360    900     26
391.8127 32.207 32.194    1  1.014      41711       8569    425   1062     20  1.11(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQ

389.8157 29.612 30.870  -75  0.929     926272     110731    360    900    308
391.8127 29.625 30.870  -75  0.929     765430      93621    425   1062    220  1.21(1.05-1.43)

389.8157 31.023 30.870    9  0.973     143133      27199    360    900     76
391.8127 31.023 30.870    9  0.973     108770      19754    425   1062     46  1.32(1.05-1.43)

389.8157 31.222 30.870   21  0.980      27227       5433    360    900     15
Empc Correction      23042       5159    360    900     14

391.8127 31.222 30.870   21  0.980      18583       4161    425   1062     10  1.47(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.805 33.780    1  1.050    4440807    1494474   2862   7155    522
419.8220 33.805 33.780    1  1.050   10514162    3460233   6346  15865    545  0.42(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7818 33.817 33.793    1  1.000      32014       9531    366    915     26 M
409.7789 33.817 33.793    1  1.000      31059      10252    347    867     30  1.03(0.88-1.20) M

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.874 34.862    1  1.083    5481556    1620697   2862   7155    566
419.8220 34.874 34.862    1  1.083   12759012    3804917   6346  15865    600  0.43(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.862     366     915
409.7789 34.862     347     867

A Non-2,3,7,8-sub-HpCDF M

407.7818 34.109 34.340  -14  1.009      47106      14539    366    915     40
409.7789 34.109 34.340  -14  1.009      45633      14527    347    867     42  1.03(0.88-1.20) M

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.595 34.570    1  1.074    8983366    2609234   3400   8500    767
437.8140 34.583 34.570    1  1.074    8612909    2549099   2758   6895    924  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.595 34.583    1  1.000     537024     146481   1118   2795    131
425.7737 34.595 34.583    1  1.000     508558     143750    928   2320    155  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 34.060 34.309  -15  0.985    1724082     540521   1118   2795    483
425.7737 34.060 34.309  -15  0.985    1696416     517852    928   2320    558  1.02(0.88-1.20)

13C-OCDD
469.7779 36.915 36.891    1  1.146   13519247    3396941   1121   2802   3030
471.7750 36.915 36.891    1  1.146   14919370    3788396   1155   2887   3280  0.91(0.76-1.02)
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDF
441.7428 37.011 36.999    1  1.003     149597      33973    324    810    105
443.7399 37.011 36.999    1  1.003     166731      36698    580   1450     63  0.90(0.76-1.02)

OCDD
457.7377 36.927 36.903    1  1.000   10716470    2671591   1060   2650   2520
459.7348 36.915 36.903    1  1.000   12098390    3046240   1026   2565   2969  0.89(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Lims ID: 320-56911-A-13-A
Client ID: 11187072-120819-BN-DUP2
Inject. Date: 13-Dec-2019 20:57:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 13

Non-2,3,7,8-sub-TCDF, RT: 17.062

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.901 D 13C-2,3,7,8-TCDF                        100.000        36291079         9272870
Averages:

RRFn Qis Ris Area Ris Height
  0.901        100.000        36291079         9272870

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.482             14706              4388             17433              5436      0.0983 0.84
15.996             23817              5695             35972              8957      0.1829 0.66
16.268             17298              3901             28164              6284      0.1391 0.61 RQ
16.268             17298              3901             22464              5066      0.1217 Empc Correction
16.495             20144              4397             26034              6759      0.1413 0.77
16.737             26904              4716             20376              5791      0.1447 1.32 RQ
16.737             15689              4459             20376              5791      0.1104 Empc Correction
17.024            206879             51329            283728             72474        1.50 0.73 M
17.841             38262              7492             46877              9997      0.2605 0.82
18.581             14357              3253             20526              5016      0.1067 0.70
Signal Totals:

           351152             84914            473410            119496
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           841477            205885 0.76 RQM
           824562            204410 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.575 = (841477 * 100.000) / (36291079 * 0.901)
Empc Amount:          2.523 = (824562 * 100.000) / (36291079 * 0.901)
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Lims ID: 320-56911-A-13-A
Client ID: 11187072-120819-BN-DUP2
Inject. Date: 13-Dec-2019 20:57:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 13

Non-2,3,7,8-sub-TCDD, RT: 17.516

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.070 D 13C-2,3,7,8-TCDD                        100.000        25795512         6122057
Averages:

RRFn Qis Ris Area Ris Height
  1.070        100.000        25795512         6122057

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.420             22359              4999             27271              7269      0.1798 0.82
16.964            452563            116313            574979            151028        3.72 0.79
17.871             52929             12413             71659             16453      0.4515 0.74 M
18.007             10227              3199              9678              3020      0.0721 1.06 RQMa
18.007              7452              2325              9678              3020      0.0621 Empc Correction
Signal Totals:

           535303            136050            683587            177770
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1221665            314694 0.79 RQMa
          1218890            313820 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.427 = (1221665 * 100.000) / (25795512 * 1.070)
Empc Amount:          4.417 = (1218890 * 100.000) / (25795512 * 1.070)
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Lims ID: 320-56911-A-13-A
Client ID: 11187072-120819-BN-DUP2
Inject. Date: 13-Dec-2019 20:57:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 13

F1 PeCDFs, RT: 19.776

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    0.970 D 13C-1,2,3,7,8-PeCDF                     100.000        28199301         4978258
  2,3,4,7,8-PeCDF                    0.999 D 13C-2,3,4,7,8-PeCDF                     100.000        30239718         5070619
Averages:

RRFn Qis Ris Area Ris Height
  0.984        100.000        29219509         5024438

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

19.504             15714              2650              8915              1901      0.0856 1.76 M
Signal Totals:

            15714              2650              8915              1901
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            24629              4551 1.76 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.0856 = (24629 * 100.000) / (29219509 * 0.984)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Lims ID: 320-56911-A-13-A
Client ID: 11187072-120819-BN-DUP2
Inject. Date: 13-Dec-2019 20:57:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 13

Non-2,3,7,8-sub-PeCDF, RT: 22.933

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    0.970 D 13C-1,2,3,7,8-PeCDF                     100.000        28199301         4978258
  2,3,4,7,8-PeCDF                    0.999 D 13C-2,3,4,7,8-PeCDF                     100.000        30239718         5070619
Averages:

RRFn Qis Ris Area Ris Height
  0.984        100.000        29219509         5024438

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

21.063             16364              2905             11358              2417      0.0964 1.44
Signal Totals:

            16364              2905             11358              2417
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            27722              5322 1.44

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.0964 = (27722 * 100.000) / (29219509 * 0.984)
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Lims ID: 320-56911-A-13-A
Client ID: 11187072-120819-BN-DUP2
Inject. Date: 13-Dec-2019 20:57:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 13

Non-2,3,7,8-sub-PeCDD, RT: 23.368

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.002 D 13C-1,2,3,7,8-PeCDD                     100.000        22108653         3542291
Averages:

RRFn Qis Ris Area Ris Height
  1.002        100.000        22108653         3542291

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

21.281             56766             10890             54098              8984      0.5003 1.05 RQ
21.281             56766             10890             36623              7025      0.4214 Empc Correction
22.031            261263             47719            170987             30640        1.95 1.53
23.518             74855              9139             47706              5467      0.5531 1.57
Signal Totals:

           392884             67748            255316             43132
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           665675            112839 1.44 RQ
           648200            110880 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.004 = (665675 * 100.000) / (22108653 * 1.002)
Empc Amount:          2.925 = (648200 * 100.000) / (22108653 * 1.002)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 16-Dec-2019 11:03:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Lims ID: 320-56911-A-13-A
Client ID: 11187072-120819-BN-DUP2
Inject. Date: 13-Dec-2019 20:57:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 13

Non-2,3,7,8-sub-HxCDD, RT: 30.870

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.005 D 13C-1,2,3,4,7,8-HxCDD                   100.000        19159641         5162149
  1,2,3,6,7,8-HxCDD                  0.983 D 13C-1,2,3,6,7,8-HxCDD                   100.000        18975671         4910233
  1,2,3,7,8,9-HxCDD                  1.104
Averages:

RRFn Qis Ris Area Ris Height
  1.031        100.000        19067656         5036191

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.612            926272            110731            765430             93621        8.61 1.21
31.023            143133             27199            108770             19754        1.28 1.32
31.222             27227              5433             18583              4161      0.2331 1.47 RQ
31.222             23042              5159             18583              4161      0.2118 Empc Correction
Signal Totals:

          1092447            143089            892783            117536
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1989415            260899 1.23 RQ
          1985230            260625 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         10.122 = (1989415 * 100.000) / (19067656 * 1.031)
Empc Amount:         10.101 = (1985230 * 100.000) / (19067656 * 1.031)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Lims ID: 320-56911-A-13-A
Client ID: 11187072-120819-BN-DUP2
Inject. Date: 13-Dec-2019 20:57:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 13

Non-2,3,7,8-sub-HpCDF, RT: 34.340

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.424 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        14954969         4954707
  1,2,3,4,7,8,9-HpCDF                1.283 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        18240568         5425614
Averages:

RRFn Qis Ris Area Ris Height
  1.354        100.000        16597768         5190160

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

34.109             47106             14539             45633             14527      0.4128 1.03 M
Signal Totals:

            47106             14539             45633             14527
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            92739             29066 1.03 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.4128 = (92739 * 100.000) / (16597768 * 1.354)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Lims ID: 320-56911-A-13-A
Client ID: 11187072-120819-BN-DUP2
Inject. Date: 13-Dec-2019 20:57:54 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 13

Non-2,3,7,8-sub-HpCDD, RT: 34.309

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.017 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        17596275         5158333
Averages:

RRFn Qis Ris Area Ris Height
  1.017        100.000        17596275         5158333

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

34.060           1724082            540521           1696416            517852        19.1 1.02
Signal Totals:

          1724082            540521           1696416            517852
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          3420498           1058373 1.02

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         19.106 = (3420498 * 100.000) / (17596275 * 1.017)
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 14.89- 19.23)
Signal: 1

Processing Integration Results
RT = 17.024 Area = 220248
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Manual Integration Results
RT = 17.024 Area = 206879 M
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Reviewer: dadunj, 16-Dec-2019 10:58:48
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  18.11
Area: 181201
Amount:    1.079227
Amount Units: pg/ul
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Manual Integration Results
RT:  18.11
Area: 171523
Amount:    1.044156
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:59:06
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 15.82- 19.22)
Signal: 1

Processing Integration Results
RT = 17.871 Area = 63155
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Manual Integration Results
RT = 17.871 Area = 52929 M
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Reviewer: dadunj, 16-Dec-2019 10:59:15
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 15.82- 19.22)
Signal: 1

Processing Integration Results
Not Detected
RT:  15.82- 19.22
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Manual Integration Results
RT = 18.007 Area = 10227 M
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Reviewer: dadunj, 16-Dec-2019 10:59:15
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 1

Processing Integration Results
RT:  22.44
Area: 24565
Amount:    0.153093
Amount Units: pg/ul
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Manual Integration Results
RT:  22.44
Area: 23238
Amount:    0.148244
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 10:59:43
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

F1 PeCDFs, Signal: 1,   m/z: 339.8597, RT: ( 19.44- 20.11)
Signal: 1

Processing Integration Results
RT = 19.504 Area = 18292
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Manual Integration Results
RT = 19.504 Area = 15714 M
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Reviewer: dadunj, 16-Dec-2019 10:59:59
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

F1 PeCDFs, Signal: 2,   m/z: 341.8567, RT: ( 19.44- 20.11)
Signal: 2

Processing Integration Results
RT = 19.519 Area = 8949
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Manual Integration Results
RT = 19.519 Area = 8915 M
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Reviewer: dadunj, 16-Dec-2019 10:59:57
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 1

Processing Integration Results
RT:  30.58
Area: 12316
Amount:    0.109815
Amount Units: pg/ul
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Manual Integration Results
RT:  30.58
Area: 12280
Amount:    0.108256
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 11:00:26
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  30.60
Area: 11354
Amount:    0.109815
Amount Units: pg/ul
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Manual Integration Results
RT:  30.60
Area: 11054
Amount:    0.108256
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 11:00:36
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
RT:  32.39
Area: 8163
Amount:    0.075739
Amount Units: pg/ul
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Manual Integration Results
RT:  32.39
Area: 7818
Amount:    0.074099
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 11:00:48
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.78
Area: 26109
Amount:    0.233103
Amount Units: pg/ul
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Manual Integration Results
RT:  31.78
Area: 14384
Amount:    0.172234
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 11:01:06
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  31.78
Area: 26109
Amount:    0.240646
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 11727
Amount:    0.145453
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 11:01:19
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  31.78
Area: 44902
Amount:    0.240646
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 27140
Amount:    0.145453
Amount Units: pg/ul
Reviewer: dadunj, 16-Dec-2019 11:01:19
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  31.78
Area: 18793
Amount:    0.240646
Amount Units: pg/ul
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Manual Integration Results
RT:  31.89
Area: 15413
Amount:    0.145453
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 11:02:32
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  32.21
Area: 41711
Amount:    0.417807
Amount Units: pg/ul
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Manual Integration Results
RT:  32.21
Area: 41711
Amount:    0.417807
Amount Units: pg/ul

31.8 32.0 32.2 32.4 32.6
Min

RT

1

4

7

10

13

16

19

22

25

28

31

34

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1

 3
2.

20
7

Reviewer: dadunj, 16-Dec-2019 11:01:11
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 3

Processing Integration Results
RT:  32.21
Area: 87918
Amount:    0.417807
Amount Units: pg/ul
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Manual Integration Results
RT:  32.21
Area: 87918
Amount:    0.417807
Amount Units: pg/ul
Reviewer: dadunj, 16-Dec-2019 11:01:11
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  33.82
Area: 35276
Amount:    0.330721
Amount Units: pg/ul
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Manual Integration Results
RT:  33.82
Area: 32014
Amount:    0.296166
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 11:01:34
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  33.82
Area: 35156
Amount:    0.330721
Amount Units: pg/ul
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Manual Integration Results
RT:  33.82
Area: 31059
Amount:    0.296166
Amount Units: pg/ul
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Reviewer: dadunj, 16-Dec-2019 11:01:36
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Instrument ID: 10D5
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID:  AJS ALS Bottle#: 15 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7789, RT: ( 33.78- 34.90)
Signal: 2

Processing Integration Results
RT = 34.109 Area = 47157
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Manual Integration Results
RT = 34.109 Area = 45633 M
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Reviewer: dadunj, 16-Dec-2019 11:01:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
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PeCDF Interference Mass
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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          22.03
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Min

1

6

11

16

21

26

31

36

Y
 ( 

X
10

00
)

F2:m/z     357.8516:SG5Pt_x1
Non-2,3,7,8-sub-PeCDD
          22.03

PeCDD Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.49

22.45

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.49

22.43
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

16

23

30

37

44

51

58

65

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.39

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

16

21

26

31

36

41

46

51

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.60

L 1,2,3,7,8,9-HxCDF
          32.39

HxCDF Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.38

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.38
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

16

21

26

31

36

41

46

51

56

61

66

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.39

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

16

20

24

28

32

36

40

44

48

52

Y
 ( 

X
10

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.60

L 1,2,3,7,8,9-HxCDF
          32.39

HxCDF Interference Mass

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

19

22

25

28

31

34

37

40

43

46

49

52

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F3:m/z     389.8157:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          29.61

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          29.63

HxCDD Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.21

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.21
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

4

7

10

13

16

19

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.82

34.87
33.72

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

4

7

10

13

16

19

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.82

33.71 34.25

HpCDF Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          34.8713C-1,2,3,4,6,7,8-HpCDF

          33.81

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          34.8713C-1,2,3,4,6,7,8-HpCDF

          33.81
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.82

34.87
33.72

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          34.11

1,2,3,4,6,7,8-HpCDF
          33.82

33.71 34.25

HpCDF Interference Mass

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

13

18

23

28

33

38

43

48

53

58

63

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F4:m/z     423.7766:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          34.06

1,2,3,4,6,7,8-HpCDD
          34.59

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          34.06

1,2,3,4,6,7,8-HpCDD
          34.59

HpCDD Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.59

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

4

9

14

19

24

29

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.58
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

7

13

19

25

31

37

43

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

7

13

19

25

31

37

43

49

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.01

OCDF Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.92

37.32

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.92
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

5

9

13

17

21

25

29

33

37

41

45

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.01

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

1

6

11

16

21

26

31

36

41

46

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  37.01

OCDF Interference Mass

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

10

13

16

19

22

25

28

31

34

37

40

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.93

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.92

OCDD Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.92

37.32

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.92
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 16-Dec-2019 11:03:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_13.d
Injection Date: 13-Dec-2019 20:57:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345335 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120819-BN-DUP2 
RA

SDG No.:

320-56911-1

Lab Sample ID: 320-56911-13 RA

Eurofins TestAmerica, Sacramento

Matrix: 16DE19A11D2_014.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/08/2019  00:00

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/17/2019  03:41

Low2(uL)

20(uL)

% Moisture: 23.5

Sample wt/vol: 10.11(g)

N

Analysis Batch No.: 345960 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.3 0.1951207-31-9 2,3,7,8-TCDF 9.9

%RECCAS NO. LIMITSQISOTOPE DILUTION

62 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

112 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:38:36 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_014.d
Lims ID: 320-56911-A-13-A         
Client ID: 11187072-120819-BN-DUP2
Sample Type: Client
Inject. Date: 17-Dec-2019 03:41:27 ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-13-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:37:52

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.379   90479404 0.80  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.573   74653272 0.79   1.3379        61.7        61.7   0.2373   0.2373  61.67
  2,3,7,8-TCDF 16.600    2386312 0.83   0.8389       3.810       3.810   0.0728   0.0728  M
D 13C-2,3,7,8-TCDD 15.132   48802216 0.78   0.9388        57.5        57.5   0.4128   0.4128  57.45
  2,3,7,8-TCDD 15.119     770294 0.84   1.1538       1.368       1.368   0.1009   0.1009
$ 37Cl4-2,3,7,8-TCDD 15.132   47820184   1.1816        44.7        44.7   0.0625   0.0625    112

S Total 2378-Chlorinated 0.000100 0.000100

QC Flag Legend
Review Flags
  M - Manually Integrated
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Report Date: 17-Dec-2019 09:38:36 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_014.d
Lims ID: 320-56911-A-13-A         
Client ID: 11187072-120819-BN-DUP2
Sample Type: Client
Inject. Date: 17-Dec-2019 03:41:27 ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56911-A-13-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:37:52

Signal
RT

(min.)
Adj RT
(min.)

N
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.379 15.383    0   40138509    9008001  16108  40270    559
333.9339 15.379 15.383    0   50340895   10846520  14671  36677    739  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.573 16.576    0  1.078   32871023    6309655  13973  34932    452
317.9389 16.573 16.576    0  1.078   41782249    7735039  11238  28095    688  0.79(0.65-0.89)

2,3,7,8-TCDF M
303.9016 16.600 16.590    1  1.002    1085604     201285   1483   3707    136 M
305.8987 16.587 16.590    0  1.001    1300708     261819   1949   4872    134  0.83(0.65-0.89) M

13C-2,3,7,8-TCDD
331.9368 15.132 15.122    1  0.984   21378210    4456899  16108  40270    277
333.9339 15.119 15.122    0  0.983   27424006    5921157  14671  36677    404  0.78(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.119 15.149   -2  0.999     352501      44872   3088   7720     15
321.8936 15.146 15.149    0  1.001     417793      72894   1744   4360     42  0.84(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.132 15.149   -1  0.984   47820184    9773158   5866  14665   1666

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

QC Flag Legend
Review Flags
  M - Manually Integrated
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Report Date: 17-Dec-2019 09:38:37 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_014.d
Injection Date: 17-Dec-2019 03:41:27 Instrument ID: 11D2
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID: ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Column: DB-225 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  16.60
Area: 1170067
Amount:    3.989478
Amount Units: pg/ul

16.1 16.3 16.5 16.7 16.9 17.1
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

 1
6.

60
0

Manual Integration Results
RT:  16.60
Area: 1085604
Amount:    3.810442
Amount Units: pg/ul
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Reviewer: arghestanis, 17-Dec-2019 09:37:17
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:38:37 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_014.d
Injection Date: 17-Dec-2019 03:41:27 Instrument ID: 11D2
Lims ID: 320-56911-A-13-A         Lab Sample ID: 320-56911-13             
Client ID: 11187072-120819-BN-DUP2
Operator ID: ALS Bottle#: 0 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Column: DB-225 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  16.59
Area: 1328367
Amount:    3.989478
Amount Units: pg/ul
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Manual Integration Results
RT:  16.59
Area: 1300708
Amount:    3.810442
Amount Units: pg/ul
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Reviewer: arghestanis, 17-Dec-2019 09:37:39
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:38:37 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_014.d
Injection Date: 17-Dec-2019 03:41:27 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345960 Sample Line#: 14
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 17-Dec-2019 09:38:37 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_014.d
Injection Date: 17-Dec-2019 03:41:27 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345960 Sample Line#: 14
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 17-Dec-2019 09:38:37 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_014.d
Injection Date: 17-Dec-2019 03:41:27 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345960 Sample Line#: 14
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 17-Dec-2019 09:38:37 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_014.d
Injection Date: 17-Dec-2019 03:41:27 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120819-BN-DUP2
Worklist#: 345960 Sample Line#: 14
Column Type: DB-225 Column Dia:  0.32 mm
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56911-1

10D5

Analy Batch No.: 338471

48152Calibration Start Date: Calibration End Date:11/14/2019  09:46

N

11/14/2019  12:50

0.32(mm)DB-5 ID:

CURVE EVALUATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
1Level IC 320-338471/3 14NO1910D5_3.d
2Level IC 320-338471/4 14NO1910D5_4.d
3Level IC 320-338471/5 14NO1910D5_5.d
4Level IC 320-338471/6 14NO1910D5_6.d
5Level IC 320-338471/7 14NO1910D5_7.d

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

2,3,7,8-TCDF 0.8239 0.9530 0.8917 0.9295 0.9044 AveID 5.4 20.00.9005
2,3,7,8-TCDD 1.0054 1.1290 1.0297 1.1138 1.0711 AveID 4.9 20.01.0698
1,2,3,7,8-PeCDF 0.8588 1.0403 0.9574 1.0182 0.9772 AveID 7.3 20.00.9704
2,3,4,7,8-PeCDF 0.9016 1.0617 0.9721 1.0572 1.0001 AveID 6.6 20.00.9986
1,2,3,7,8-PeCDD 0.9002 1.0593 0.9957 1.0472 1.0094 AveID 6.3 20.01.0023
1,2,3,4,7,8-HxCDF 0.9021 1.0898 1.0116 1.1011 1.0528 AveID 7.8 20.01.0315
1,2,3,6,7,8-HxCDF 0.8966 1.1172 1.0155 1.0677 1.0208 AveID 8.0 20.01.0235
2,3,4,6,7,8-HxCDF 0.9718 1.1361 1.0543 1.1069 1.0534 AveID 5.9 20.01.0645
1,2,3,4,7,8-HxCDD 0.9068 1.0458 0.9688 1.0590 1.0465 AveID 6.5 20.01.0054
1,2,3,6,7,8-HxCDD 0.8876 1.0552 0.9761 1.0343 0.9632 AveID 6.7 20.00.9833
1,2,3,7,8,9-HxCDD 0.9997 1.1768 1.1007 1.1567 1.0840 AveID 6.3 20.01.1036
1,2,3,7,8,9-HxCDF 0.9489 1.1517 1.0496 1.1119 1.0698 AveID 7.2 20.01.0664
1,2,3,4,6,7,8-HpCDF 1.2963 1.5367 1.4160 1.4714 1.3998 AveID 6.3 20.01.4240
1,2,3,4,6,7,8-HpCDD 0.9169 1.0954 1.0055 1.0559 1.0133 AveID 6.6 20.01.0174
1,2,3,4,7,8,9-HpCDF 1.1512 1.3772 1.2519 1.3530 1.2835 AveID 7.0 20.01.2834
OCDD 1.0213 1.1865 1.0829 1.1290 1.0786 AveID 5.6 20.01.0997
OCDF 1.1917 1.3740 1.3011 1.3578 1.2990 AveID 5.5 20.01.3047
13C-2,3,7,8-TCDF 1.3425 1.2942 1.3293 1.3554 1.3378 Ave 1.7 35.01.3318
13C-2,3,7,8-TCDD 0.9528 0.9458 0.9716 0.9692 0.9840 Ave 1.6 35.00.9647
13C-1,2,3,7,8-PeCDF 1.0427 1.0020 1.0457 1.0739 1.1044 Ave 3.6 35.01.0537
13C-2,3,4,7,8-PeCDF 1.0036 0.9789 1.0294 1.0169 1.0574 Ave 2.9 35.01.0173
13C-1,2,3,7,8-PeCDD 0.7102 0.6969 0.7175 0.7522 0.7638 Ave 3.9 35.00.7281
13C-1,2,3,4,7,8-HxCDF 0.9646 0.9287 0.9525 0.9844 0.9855 Ave 2.5 35.00.9632
13C-1,2,3,6,7,8-HxCDF 1.0853 1.0325 1.0260 1.0876 1.0914 Ave 3.0 35.01.0646
13C-2,3,4,6,7,8-HxCDF 0.9689 0.9578 0.9421 0.9892 0.9901 Ave 2.1 35.00.9696
13C-1,2,3,4,7,8-HxCDD 0.7308 0.7633 0.7491 0.7751 0.7766 Ave 2.5 35.00.7590
13C-1,2,3,6,7,8-HxCDD 0.9316 0.9051 0.8879 0.9305 0.9685 Ave 3.3 35.00.9247
13C-1,2,3,7,8,9-HxCDF 0.8857 0.8690 0.8836 0.9211 0.9180 Ave 2.6 35.00.8955
13C-1,2,3,4,6,7,8-HpCDF 0.7833 0.7817 0.7591 0.8224 0.8185 Ave 3.4 35.00.7930
13C-1,2,3,4,6,7,8-HpCDD 0.7372 0.7358 0.7256 0.7776 0.7896 Ave 3.8 35.00.7532
13C-1,2,3,4,7,8,9-HpCDF 0.7068 0.7100 0.7153 0.7429 0.7729 Ave 3.9 35.00.7296
13C-OCDD 0.5284 0.5274 0.5411 0.5843 0.6291 Ave 7.8 35.00.5621

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56911-1

10D5

Analy Batch No.: 338471

48152Calibration Start Date: Calibration End Date:11/14/2019  09:46

N

11/14/2019  12:50

0.32(mm)DB-5 ID:

CURVE EVALUATION

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

37Cl4-2,3,7,8-TCDD 1.1483 1.1874 1.5186 1.3435 1.3432 Ave 11.31.3082

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56911-1

10D5

Analy Batch No.: 338471

48152Calibration Start Date: Calibration End Date:11/14/2019  09:46

N

11/14/2019  12:50

GC Column: DB-5 ID: 0.32(mm)

RESPONSE AND CONCENTRATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
Level 1 IC 320-338471/3 14NO1910D5_3.d
Level 2 IC 320-338471/4 14NO1910D5_4.d
Level 3 IC 320-338471/5 14NO1910D5_5.d
Level 4 IC 320-338471/6 14NO1910D5_6.d
Level 5 IC 320-338471/7 14NO1910D5_7.d

ANALYTE CURVE
TYPE

IS
REF

RESPONSE

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CONCENTRATION (PG/UL)

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

2,3,7,8-TCDF AveID 642077 2974733 14438463 59808417 252127694 0.500 2.00 10.0 40.0 200
2,3,7,8-TCDD AveID 556018 2575271 12186908 51246180 219628955 0.500 2.00 10.0 40.0 200
1,2,3,7,8-PeCDF AveID 2598728 12569686 60982032 259554068 1124414192 2.50 10.0 50.0 200 1000
2,3,4,7,8-PeCDF AveID 2626241 12532612 60953518 255176989 1101823445 2.50 10.0 50.0 200 1000
1,2,3,7,8-PeCDD AveID 1855324 8901872 43513844 186964565 803296921 2.50 10.0 50.0 200 1000
1,2,3,4,7,8-HxCDF AveID 1849054 9042597 45826476 194792330 844095405 2.50 10.0 50.0 200 1000
1,2,3,6,7,8-HxCDF AveID 2067919 10306095 49548801 208690260 906309496 2.50 10.0 50.0 200 1000
2,3,4,6,7,8-HxCDF AveID 2000921 9723529 47237432 196787993 848438372 2.50 10.0 50.0 200 1000
1,2,3,4,7,8-HxCDD AveID 1408236 7132423 34514378 147524233 661180887 2.50 10.0 50.0 200 1000
1,2,3,6,7,8-HxCDD AveID 1757293 8533516 41219178 172956675 758968703 2.50 10.0 50.0 200 1000
1,2,3,7,8,9-HxCDD AveID 1765822 8771399 42847509 177277735 769482602 2.50 10.0 50.0 200 1000
1,2,3,7,8,9-HxCDF AveID 1786006 8942226 44109482 184050734 798982446 2.50 10.0 50.0 200 1000
1,2,3,4,6,7,8-HpCDF AveID 2157779 10733813 51117337 217460089 932005937 2.50 10.0 50.0 200 1000
1,2,3,4,6,7,8-HpCDD AveID 1436378 7201830 34696372 147557790 650929056 2.50 10.0 50.0 200 1000
1,2,3,4,7,8,9-HpCDF AveID 1729011 8737178 42585703 180625829 807051823 2.50 10.0 50.0 200 1000
OCDD AveID 2293549 11182534 55739047 237100919 1103964033 5.00 20.0 100 400 2000
OCDF AveID 2676042 12949120 66966196 285155825 1329507408 5.00 20.0 100 400 2000
13C-2,3,7,8-TCDF Ave13CTCDD 155856912 156065046 161928326 160860723 139383549 100 100 100 100 100
13C-2,3,7,8-TCDD Ave13CTCDD 110606857 114053402 118357002 115029444 102520996 100 100 100 100 100
13C-1,2,3,7,8-PeCDF Ave13CTCDD 121045773 120823246 127384973 127455889 115062874 100 100 100 100 100
13C-2,3,4,7,8-PeCDF Ave13CTCDD 116513735 118044282 125399433 120686165 110168728 100 100 100 100 100
13C-1,2,3,7,8-PeCDD Ave13CTCDD 82444355 84035570 87404800 89271526 79581792 100 100 100 100 100
13C-1,2,3,4,7,8-HxCDF Ave13CHxCD 81993266 82977803 90601161 88457179 80175121 100 100 100 100 100
13C-1,2,3,6,7,8-HxCDF Ave13CHxCD 92255496 92252784 97586689 97731144 88786422 100 100 100 100 100
13C-2,3,4,6,7,8-HxCDF Ave13CHxCD 82356882 85583439 89609086 88889402 80545635 100 100 100 100 100
13C-1,2,3,4,7,8-HxCDD Ave13CHxCD 62120842 68199301 71254969 69650431 63178776 100 100 100 100 100
13C-1,2,3,6,7,8-HxCDD Ave13CHxCD 79191499 80868571 84454503 83609273 78792852 100 100 100 100 100
13C-1,2,3,7,8,9-HxCDF Ave13CHxCD 75284516 77641252 84048823 82765963 74684364 100 100 100 100 100
13C-1,2,3,4,6,7,8-HpCDF Ave13CHxCD 66584092 69849087 72198948 73893576 66583432 100 100 100 100 100
13C-1,2,3,4,6,7,8-HpCDD Ave13CHxCD 62661164 65748052 69012021 69874428 64235657 100 100 100 100 100
13C-1,2,3,4,7,8,9-HpCDF Ave13CHxCD 60078913 63441185 68033057 66749921 62876654 100 100 100 100 100
13C-OCDD Ave13CHxCD 89825341 94246168 102939677 105005841 102351522 200 200 200 200 200
37Cl4-2,3,7,8-TCDD Ave13CTCDD 666561 2863654 18499321 63777935 279889579 0.500 2.00 10.0 40.0 200
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56911-1

10D5

Analy Batch No.: 338471

48152Calibration Start Date: Calibration End Date:11/14/2019  09:46

N

11/14/2019  12:50

GC Column: DB-5 ID: 0.32(mm)

RESPONSE AND CONCENTRATION

Curve Type Legend:
Ave = Average ISTD
AveID = Average isotope dilution
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Lims ID: IC                       
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 14-Nov-2019 09:46:53 ALS Bottle#: 4 Worklist Smp#: 3
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC111419  CS-2 HRDXNL2_00027
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 16:54:14 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 13:40:00

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.548  116091898 0.79  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.034  155856912 0.77   1.3318       100.8       100.8   0.1903   0.1903    101
  2,3,7,8-TCDF 17.049     642077 0.77   0.9005      0.4575      0.4575   0.0105   0.0105  91.50
S Total TCDF      0.4575      0.4575   0.0105   0.0105

D 13C-2,3,7,8-TCDD 17.729  110606857 0.78   0.9647        98.8        98.8   0.2967   0.2967  98.76
  2,3,7,8-TCDD 17.744     556018 0.76   1.0698      0.4699      0.4699   0.0143   0.0143  93.98
$ 37Cl4-2,3,7,8-TCDD 17.744     666561   1.3082      0.4389      0.4389 0.005415 0.005415  87.78

S Total TCDD      0.4699      0.4699   0.0143   0.0143

D 13C-1,2,3,7,8-PeCDF 21.949  121045773 1.55   1.0537        99.0        99.0   0.2880   0.2880  98.95
  1,2,3,7,8-PeCDF 21.977    2598728 1.59   0.9704       2.212       2.212   0.0204   0.0204  88.50
D 13C-2,3,4,7,8-PeCDF 23.258  116513735 1.58   1.0173   0.4233   0.4233  99.68
  2,3,4,7,8-PeCDF 23.286    2626241 1.60   0.9986       2.257       2.257   0.0224   0.0224  90.29
S Total PeCDF       4.470       4.470   0.0214   0.0214

D 13C-1,2,3,7,8-PeCDD 23.968   82444355 1.59   0.7281        97.5        97.5   0.1502   0.1502  97.53
  1,2,3,7,8-PeCDD 23.995    1855324 1.52   1.0023       2.245       2.245   0.0188   0.0188  89.81
S Total PeCDD       2.245       2.245   0.0188   0.0188

D 13C-1,2,3,4,7,8-HxCDF 30.099   81993266 0.51   0.9632   0.8897   0.8897  98.21
  1,2,3,4,7,8-HxCDF 30.139    1849054 1.20   1.0315       2.186       2.186   0.0390   0.0390  87.45
D 13C-1,2,3,6,7,8-HxCDF 30.326   92255496 0.50   1.0646       102.0       102.0   0.5989   0.5989    102
  1,2,3,6,7,8-HxCDF 30.352    2067919 1.27   1.0235       2.190       2.190   0.0344   0.0344  87.60
D 13C-2,3,4,6,7,8-HxCDF 31.244   82356882 0.51   0.9696        99.9        99.9   0.6575   0.6575  99.92
  2,3,4,6,7,8-HxCDF 31.271    2000921 1.25   1.0645       2.282       2.282   0.0274   0.0274  91.29
D 13C-1,2,3,7,8,9-HxCDF 32.096   75284516 0.50   0.8955        98.9        98.9   0.7120   0.7120  98.91
  1,2,3,7,8,9-HxCDF 32.122    1786006 1.22   1.0664       2.225       2.225   0.0281   0.0281  88.99
S Total HxCDF       8.883       8.883   0.0322   0.0322

* 13C-1,2,3,7,8,9-HxCDD 31.909   85001978 1.23  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.457   62120842 1.25   0.7590   0.4483   0.4483  95.51
  1,2,3,4,7,8-HxCDD 31.470    1408236 1.21   1.0054       2.255       2.255   0.0229   0.0229  90.19
D 13C-1,2,3,6,7,8-HxCDD 31.563   79191499 1.25   0.9247       100.7       100.7   0.3646   0.3646    101
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,6,7,8-HxCDD 31.590    1757293 1.22   0.9833       2.257       2.257   0.0219   0.0219  90.27
  1,2,3,7,8,9-HxCDD 31.923    1765822 1.24   1.1036       2.021       2.021   0.0195   0.0195  80.82
S Total HxCDD       6.532       6.532   0.0214   0.0214

D 13C-1,2,3,4,6,7,8-HpCDF 33.567   66584092 0.44   0.7930        98.8        98.8    1.923    1.923  98.78
  1,2,3,4,6,7,8-HpCDF 33.579    2157779 1.07   1.4240       2.276       2.276   0.0391   0.0391  91.03
D 13C-1,2,3,4,7,8,9-HpCDF 34.624   60078913 0.44   0.7296    1.568    1.568  98.07
  1,2,3,4,7,8,9-HpCDF 34.636    1729011 1.02   1.2834       2.242       2.242   0.0551   0.0551  89.70
S Total HpCDF       4.518       4.518   0.0471   0.0471

D 13C-1,2,3,4,6,7,8-HpCDD 34.344   62661164 1.05   0.7532        97.9        97.9    1.030    1.030  97.88
  1,2,3,4,6,7,8-HpCDD 34.356    1436378 0.98   1.0174       2.253       2.253   0.0341   0.0341  90.12
S Total HpCDD       2.253       2.253   0.0341   0.0341

D 13C-OCDD 36.621   89825341 0.89   0.5621       188.0       188.0   0.3233   0.3233  94.01
  OCDF 36.717    2676042 0.86   1.3047       4.567       4.567   0.0281   0.0281  91.34
  OCDD 36.633    2293549 0.87   1.0997       4.644       4.644   0.0249   0.0249  92.88

Reagents:
HRDXNL2_00027 Amount Added:   1.00 Units: mL
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Lims ID: IC                       
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 14-Nov-2019 09:46:53 ALS Bottle#: 4 Worklist Smp#: 3
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC111419  CS-2 HRDXNL2_00027
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 16:54:14 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 13:40:00

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.548 17.539    1   51361597   13072151  15191  37977    861
333.9339 17.548 17.539    1   64730301   16317580  18452  46130    884  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.034 17.034    0  0.971   68015551   17208347  18796  46990    916
317.9389 17.034 17.034    0  0.971   87841361   22231811  10998  27495   2021  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.049 17.049    0  1.001     278676      69657    508   1270    137
305.8987 17.049 17.049    0  1.001     363401      93599    984   2460     95  0.77(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.729 17.729    0  1.010   48474168   11660215  15191  37977    768
333.9339 17.729 17.729    0  1.010   62132689   14941494  18452  46130    810  0.78(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.744 17.744    0  1.001     240017      57024   1061   2652     54
321.8936 17.744 17.744    0  1.001     316001      76738    568   1420    135  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.744 17.744    0  1.011     666561     162685    833   2082    195

13C-1,2,3,7,8-PeCDF
351.9000 21.949 21.949    0  1.251   73621332   13136719  21632  54080    607
353.8970 21.949 21.949    0  1.251   47424441    8679341  14041  35102    618  1.55(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 21.977 21.971    0  1.001    1594566     281046    721   1802    390
341.8567 21.977 21.971    0  1.001    1004162     181344   1007   2517    180  1.59(1.32-1.78)
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF
351.9000 23.258 23.258    0  1.325   71293013   11820915  21632  54080    546
353.8970 23.258 23.258    0  1.325   45220722    7479139  14041  35102    533  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.286 23.286    0  1.001    1614713     263641    721   1802    366
341.8567 23.286 23.286    0  1.001    1011528     170804   1007   2517    170  1.60(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 23.968 23.968    0  1.366   50588329    7999296   7849  19622   1019
369.8919 23.968 23.968    0  1.366   31856026    5056401   5010  12525   1009  1.59(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 23.995 23.995    0  1.001    1118464     174785    660   1650    265
357.8516 23.995 23.995    0  1.001     736860     108404    323    807    336  1.52(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.099 30.102    0  0.943   27577553    4438288  17083  42707    260
385.8610 30.112 30.102    1  0.944   54415713    8621631  31019  77547    278  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.139 30.131    0  1.001    1010197     157126   1188   2970    132
375.8178 30.126 30.131    0  1.001     838857     132669    915   2287    145  1.20(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.326 30.323    0  0.950   30939327    5047890  17083  42707    295
385.8610 30.326 30.323    0  0.950   61316169    9888900  31019  77547    319  0.50(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.352 30.344    0  1.001    1157086     187441   1188   2970    158
375.8178 30.339 30.344    0  1.000     910833     151716    915   2287    166  1.27(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.244 31.247    0  0.979   27899632    6120933  17083  42707    358
385.8610 31.244 31.247    0  0.979   54457250   11882252  31019  77547    383  0.51(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.271 31.265    0  1.001    1112415     250623   1188   2970    211
375.8178 31.271 31.265    0  1.001     888506     205954    915   2287    225  1.25(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.096 32.099    0  1.006   25145887    5915866  17083  42707    346
385.8610 32.096 32.099    0  1.006   50138629   11652420  31019  77547    376  0.50(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.122 32.115    0  1.001     982842     231202   1188   2970    195
375.8178 32.109 32.115    0  1.000     803164     192621    915   2287    211  1.22(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 31.909 31.912    0   46898932   10402676  14704  36760    707
403.8529 31.909 31.912    0   38103046    8459550  10735  26837    788  1.23(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.457 31.452    0  0.986   34487478    8990967  14704  36760    611
403.8529 31.457 31.452    0  0.986   27633364    7170693  10735  26837    668  1.25(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.470 31.470    0  1.000     771145     200063    786   1965    255
391.8127 31.470 31.470    0  1.000     637091     167874    700   1750    240  1.21(1.05-1.43)

Page 987 of 1734



Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.563 31.566    0  0.989   44028149    9521617  14704  36760    648
403.8529 31.563 31.566    0  0.989   35163350    7753574  10735  26837    722  1.25(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.590 31.582    0  1.001     965243     211787    786   1965    269
391.8127 31.577 31.582    0  1.000     792050     167195    700   1750    239  1.22(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.923 31.926    0  1.015     976927     210377    786   1965    268
391.8127 31.923 31.926    0  1.015     788895     174357    700   1750    249  1.24(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.567 33.567    0  1.052   20462368    6124305  34923  87307    175
419.8220 33.567 33.567    0  1.052   46121724   13815143  80142 200355    172  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.579 33.579    0  1.000    1114557     333797   2256   5640    148
409.7789 33.579 33.579    0  1.000    1043222     316844   2183   5457    145  1.07(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.624 34.619    0  1.085   18377583    4877242  34923  87307    140
419.8220 34.624 34.619    0  1.085   41701330   10806318  80142 200355    135  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.636 34.629    0  1.000     872210     225760   2256   5640    100
409.7789 34.624 34.629    0  1.000     856801     224595   2183   5457    103  1.02(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.344 34.340    0  1.076   32138288    8444972  29725  74312    284
437.8140 34.344 34.340    0  1.076   30522876    7980759  28819  72047    277  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.356 34.349    0  1.000     709527     185411   1281   3202    145
425.7737 34.344 34.349    0  1.000     726851     181597    997   2492    182  0.98(0.88-1.20)

13C-OCDD
469.7779 36.621 36.624    0  1.148   42251922    9128876   6365  15912   1434
471.7750 36.621 36.624    0  1.148   47573419   10216254   7346  18365   1391  0.89(0.76-1.02)

OCDF
441.7428 36.717 36.720    0  1.003    1236581     274865    514   1285    535
443.7399 36.717 36.720    0  1.003    1439461     325889    905   2262    360  0.86(0.76-1.02)

OCDD
457.7377 36.633 36.636    0  1.000    1070269     229444    462   1155    497
459.7348 36.633 36.636    0  1.000    1223280     261284    599   1497    436  0.87(0.76-1.02)

Reagents:
HRDXNL2_00027 Amount Added:   1.00 Units: mL
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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TCDD Standards
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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HxCDF Interference Mass
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F3:m/z     389.8157:SG5Pt_x1

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1
L 1,2,3,7,8,9-HxCDD
          31.92

HxCDD Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.91

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.91

Page 1000 of 1734



Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF
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X
10

00
0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.64

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

HpCDF Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

9

19

29

39

49

59

69

79

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.62
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.64

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

HpCDF Interference Mass

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

7

12

17

22

27

32

37

42

47

52

57

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1

34.50
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.36

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.34

33.82

HpCDD Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.34

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

12

25

38

51

64

77

90

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.34
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  36.72

39.80

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

5

10

15

20

25

30

35

40

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  36.72

OCDF Standards

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1

13C-OCDD
  36.62

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.62
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.72

39.80

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.72

OCDF Interference Mass

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

7

12

17

22

27

32

37

42

47

52

57

62

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.63

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.63

OCDD Standards

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1

13C-OCDD
  36.62

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.62
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:20 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_3.d
Injection Date: 14-Nov-2019 09:46:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Lims ID: IC                       
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 14-Nov-2019 10:32:55 ALS Bottle#: 5 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC111419A  CS-3 HRDXNL3_00025
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 16:54:02 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 13:47:34

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.532  120587468 0.79  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.034  156065046 0.78   1.3318        97.2        97.2   0.1526   0.1526  97.17
  2,3,7,8-TCDF 17.049    2974733 0.77   0.9005       2.117       2.117   0.0130   0.0130    106
S Total TCDF       2.117       2.117   0.0130   0.0130

D 13C-2,3,7,8-TCDD 17.729  114053402 0.79   0.9647        98.0        98.0   0.1739   0.1739  98.04
  2,3,7,8-TCDD 17.744    2575271 0.80   1.0698       2.111       2.111   0.0156   0.0156    106
$ 37Cl4-2,3,7,8-TCDD 17.744    2863654   1.3082       1.815       1.815 0.006162 0.006162  90.76

S Total TCDD       2.111       2.111   0.0156   0.0156

D 13C-1,2,3,7,8-PeCDF 21.949  120823246 1.56   1.0537        95.1        95.1   0.2820   0.2820  95.09
  1,2,3,7,8-PeCDF 21.963   12569686 1.59   0.9704        10.7        10.7   0.0560   0.0560    107
D 13C-2,3,4,7,8-PeCDF 23.258  118044282 1.57   1.0173        96.2        96.2   0.2921   0.2921  96.23
  2,3,4,7,8-PeCDF 23.286   12532612 1.56   0.9986        10.6        10.6   0.0582   0.0582    106
S Total PeCDF        21.4        21.4   0.0571   0.0571

D 13C-1,2,3,7,8-PeCDD 23.968   84035570 1.57   0.7281        95.7        95.7   0.1426   0.1426  95.71
  1,2,3,7,8-PeCDD 23.995    8901872 1.60   1.0023        10.6        10.6   0.0357   0.0357    106
S Total PeCDD        10.6        10.6   0.0357   0.0357

D 13C-1,2,3,4,7,8-HxCDF 30.100   82977803 0.51   0.9632        96.4        96.4   0.5982   0.5982  96.42
  1,2,3,4,7,8-HxCDF 30.126    9042597 1.23   1.0315        10.6        10.6   0.1196   0.1196    106
D 13C-1,2,3,6,7,8-HxCDF 30.312   92252784 0.51   1.0646        97.0        97.0   0.5412   0.5412  96.99
  1,2,3,6,7,8-HxCDF 30.339   10306095 1.24   1.0235        10.9        10.9   0.1066   0.1066    109
D 13C-2,3,4,6,7,8-HxCDF 31.244   85583439 0.52   0.9696        98.8        98.8   0.5942   0.5942  98.78
  2,3,4,6,7,8-HxCDF 31.258    9723529 1.23   1.0645        10.7        10.7   0.0813   0.0813    107
D 13C-1,2,3,7,8,9-HxCDF 32.096   77641252 0.51   0.8955        97.0        97.0   0.6434   0.6434  97.04
  1,2,3,7,8,9-HxCDF 32.110    8942226 1.23   1.0664        10.8        10.8   0.0831   0.0831    108
S Total HxCDF        43.0        43.0   0.0976   0.0976

* 13C-1,2,3,7,8,9-HxCDD 31.910   89350313 1.24  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.444   68199301 1.27   0.7590       100.6       100.6   0.4483   0.4483    101
  1,2,3,4,7,8-HxCDD 31.471    7132423 1.24   1.0054        10.4        10.4   0.0549   0.0549    104
D 13C-1,2,3,6,7,8-HxCDD 31.564   80868571 1.24   0.9247        97.9        97.9   0.3679   0.3679  97.87
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,6,7,8-HxCDD 31.577    8533516 1.25   0.9833        10.7        10.7   0.0511   0.0511    107
  1,2,3,7,8,9-HxCDD 31.923    8771399 1.22   1.1036        10.7        10.7   0.0477   0.0477    107
S Total HxCDD        31.8        31.8   0.0512   0.0512

D 13C-1,2,3,4,6,7,8-HpCDF 33.567   69849087 0.45   0.7930        98.6        98.6    2.060    2.060  98.58
  1,2,3,4,6,7,8-HpCDF 33.579   10733813 1.04   1.4240        10.8        10.8   0.1940   0.1940    108
D 13C-1,2,3,4,7,8,9-HpCDF 34.612   63441185 0.44   0.7296        97.3        97.3    2.239    2.239  97.32
  1,2,3,4,7,8,9-HpCDF 34.624    8737178 1.04   1.2834        10.7        10.7   0.2605   0.2605    107
S Total HpCDF        21.5        21.5   0.2273   0.2273

D 13C-1,2,3,4,6,7,8-HpCDD 34.333   65748052 1.05   0.7532        97.7        97.7   0.8290   0.8290  97.70
  1,2,3,4,6,7,8-HpCDD 34.345    7201830 1.06   1.0174        10.8        10.8   0.1030   0.1030    108
S Total HpCDD        10.8        10.8   0.1030   0.1030

D 13C-OCDD 36.621   94246168 0.89   0.5621       187.7       187.7   0.3020   0.3020  93.83
  OCDF 36.717   12949120 0.90   1.3047        21.1        21.1   0.0471   0.0471    105
  OCDD 36.633   11182534 0.89   1.0997        21.6        21.6   0.0452   0.0452    108

Reagents:
HRDXNL3_00025 Amount Added:   1.00 Units: mL
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Lims ID: IC                       
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 14-Nov-2019 10:32:55 ALS Bottle#: 5 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC111419A  CS-3 HRDXNL3_00025
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 16:54:02 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 13:47:34

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.532 17.539    0   53299923   13586228   9879  24697   1375
333.9339 17.532 17.539    0   67287545   17265010  10821  27052   1596  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.034 17.034    0  0.972   68173593   17388881  11766  29415   1478
317.9389 17.034 17.034    0  0.972   87891453   22580056  13311  33277   1696  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.049 17.049    0  1.001    1297161     333740    742   1855    450
305.8987 17.049 17.049    0  1.001    1677572     421948   1132   2830    373  0.77(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.729 17.729    0  1.011   50329650   11913389   9879  24697   1206
333.9339 17.729 17.729    0  1.011   63723752   14987971  10821  27052   1385  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.744 17.744    0  1.001    1147364     273431   1082   2705    253
321.8936 17.744 17.744    0  1.001    1427907     354903    716   1790    496  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.744 17.744    0  1.012    2863654     705946    995   2487    709

13C-1,2,3,7,8-PeCDF
351.9000 21.949 21.949    0  1.252   73679296   13004409  22060  55150    590
353.8970 21.949 21.949    0  1.252   47143950    8319890  14612  36530    569  1.56(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 21.963 21.971    0  1.001    7724885    1382375   2624   6560    527
341.8567 21.963 21.971    0  1.001    4844801     897690   2009   5022    447  1.59(1.32-1.78)
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF
351.9000 23.258 23.258    0  1.327   72039556   12158566  22060  55150    551
353.8970 23.258 23.258    0  1.327   46004726    7782970  14612  36530    533  1.57(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.286 23.286    0  1.001    7639301    1316285   2624   6560    502
341.8567 23.286 23.286    0  1.001    4893311     835364   2009   5022    416  1.56(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 23.968 23.968    0  1.367   51305149    8033321   8094  20235    993
369.8919 23.968 23.968    0  1.367   32730421    5088409   4721  11802   1078  1.57(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 23.995 23.995    0  1.001    5472297     866787   1189   2972    729
357.8516 23.995 23.995    0  1.001    3429575     542178    687   1717    789  1.60(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.100 30.102    0  0.943   27947367    4590066  15865  39662    289
385.8610 30.100 30.102    0  0.943   55030436    8781311  31202  78005    281  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.126 30.131    0  1.001    4978598     827046   3830   9575    216
375.8178 30.126 30.131    0  1.001    4063999     652671   2767   6917    236  1.23(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.312 30.323   -1  0.950   31087012    5124500  15865  39662    323
385.8610 30.312 30.323   -1  0.950   61165772    9991761  31202  78005    320  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.339 30.344    0  1.001    5708199     952062   3830   9575    249
375.8178 30.339 30.344    0  1.001    4597896     769523   2767   6917    278  1.24(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.244 31.247    0  0.979   29219359    6532009  15865  39662    412
385.8610 31.244 31.247    0  0.979   56364080   12528435  31202  78005    402  0.52(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.258 31.265    0  1.000    5364335    1211892   3830   9575    316
375.8178 31.258 31.265    0  1.000    4359194    1000741   2767   6917    362  1.23(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.096 32.099    0  1.006   26210079    6318628  15865  39662    398
385.8610 32.096 32.099    0  1.006   51431173   12284438  31202  78005    394  0.51(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.110 32.115    0  1.000    4929196    1198638   3830   9575    313
375.8178 32.110 32.115    0  1.000    4013030     982057   2767   6917    355  1.23(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 31.910 31.912    0   49429439   11283756  15576  38940    724
403.8529 31.910 31.912    0   39920874    9140122  12220  30550    748  1.24(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.444 31.452    0  0.985   38192156    9532992  15576  38940    612
403.8529 31.444 31.452    0  0.985   30007145    7401844  12220  30550    606  1.27(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.471 31.470    0  1.001    3948736     990056   2070   5175    478
391.8127 31.457 31.470   -1  1.000    3183687     804241   1668   4170    482  1.24(1.05-1.43)
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.564 31.566    0  0.989   44835466   10309034  15576  38940    662
403.8529 31.564 31.566    0  0.989   36033105    8285823  12220  30550    678  1.24(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.577 31.582    0  1.000    4736930    1108179   2070   5175    535
391.8127 31.577 31.582    0  1.000    3796586     880699   1668   4170    528  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.923 31.926    0  1.015    4817128    1137262   2070   5175    549
391.8127 31.923 31.926    0  1.015    3954271     927526   1668   4170    556  1.22(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.567 33.567    0  1.052   21576921    6310512  39561  98902    160
419.8220 33.567 33.567    0  1.052   48272166   14111506  93878 234695    150  0.45(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.579 33.579    0  1.000    5469657    1592348  10862  27155    147
409.7789 33.567 33.579   -1  1.000    5264156    1540634  11711  29277    132  1.04(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.612 34.619    0  1.085   19385153    5195647  39561  98902    131
419.8220 34.612 34.619    0  1.085   44056032   11685953  93878 234695    124  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.624 34.629    0  1.000    4452113    1217487  10862  27155    112
409.7789 34.624 34.629    0  1.000    4285065    1177996  11711  29277    101  1.04(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.333 34.340    0  1.076   33704084    8962414  25538  63845    351
437.8140 34.333 34.340    0  1.076   32043968    8525454  25472  63680    335  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.345 34.349    0  1.000    3697894     999578   3443   8607    290
425.7737 34.345 34.349    0  1.000    3503936     946852   3889   9722    243  1.06(0.88-1.20)

13C-OCDD
469.7779 36.621 36.624    0  1.148   44353956    9629235   6907  17267   1394
471.7750 36.621 36.624    0  1.148   49892212   10772097   6961  17402   1547  0.89(0.76-1.02)

OCDF
441.7428 36.717 36.720    0  1.003    6127584    1409043   1263   3157   1116
443.7399 36.717 36.720    0  1.003    6821536    1519193   1242   3105   1223  0.90(0.76-1.02)

OCDD
457.7377 36.633 36.636    0  1.000    5277968    1149602    884   2210   1300
459.7348 36.621 36.636   -1  1.000    5904566    1283491   1144   2860   1122  0.89(0.76-1.02)

Reagents:
HRDXNL3_00025 Amount Added:   1.00 Units: mL
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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1,2,3,7,8-PeCDF
          21.96 2,3,4,7,8-PeCDF

          23.29

22.47

PeCDF Interference Mass

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

11

16

21

26

31

36

41

46

51

56

61

66

Y
 ( 

X
10

0)

F2:m/z     409.7974:SG5Pt_x1
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
13C-PeCDF

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          21.95

22.47

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          21.95

22.45

13C-PeCDF Standards

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          21.95

22.47

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          21.95

22.45
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          23.99

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          23.99

PeCDD Standards

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

12

24

36

48

60

72

84

96

Y
 ( 

X
10

00
00

)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          23.97

21.98

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          23.97

21.99
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Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1
L 1,2,3,7,8,9-HxCDF
          32.11

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.11

HxCDF Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.10

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.10
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.11

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.11

HxCDF Interference Mass

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

23

27

31

35

39

43

47

51

55

59

63

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
13C-HxCDF

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.10

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.10

13C-HxCDF Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.10

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.10
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F3:m/z     389.8157:SG5Pt_x1
L 1,2,3,7,8,9-HxCDD
          31.92

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F3:m/z     391.8127:SG5Pt_x1

L 1,2,3,7,8,9-HxCDD
          31.92

HxCDD Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.91

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.91
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
13C-HxCDD

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.91

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.91

13C-HxCDD Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.91

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.91
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.57

1,2,3,4,7,8,9-HpCDF
          34.62

HpCDF Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

9

19

29

39

49

59

69

79

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.61

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.61
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.57

1,2,3,4,7,8,9-HpCDF
          34.62

HpCDF Interference Mass

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

9

14

19

24

29

34

39

44

49

54

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
13C-HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

9

19

29

39

49

59

69

79

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.61

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.61

13C-HpCDF Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

9

19

29

39

49

59

69

79

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.61

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.61
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Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

)

F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.34

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.34

HpCDD Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.33

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.33
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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OCDF Standards
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F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.62
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
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OCDF Interference Mass
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F5:m/z     513.6775:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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F5:m/z     457.7377:SG5Pt_x1
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OCDD Standards
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
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F4:m/z     430.9729:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:09 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_4.d
Injection Date: 14-Nov-2019 10:32:55 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
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F5:m/z     442.9728:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:29 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Lims ID: IC                       
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 14-Nov-2019 11:18:54 ALS Bottle#: 2 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC111419B  CS-4 HRDXNL4_00085
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 16:54:23 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 13:00:48

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.548  121815021 0.80  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.034  161928326 0.77   1.3318        99.8        99.8   0.2580   0.2580  99.81
  2,3,7,8-TCDF 17.049   14438463 0.77   0.9005       9.902       9.902   0.0298   0.0298  99.02
S Total TCDF       9.902       9.902   0.0298   0.0298

D 13C-2,3,7,8-TCDD 17.729  118357002 0.79   0.9647       100.7       100.7   0.2065   0.2065    101
  2,3,7,8-TCDD 17.744   12186908 0.77   1.0698       9.625       9.625   0.0231   0.0231  96.25
$ 37Cl4-2,3,7,8-TCDD 17.744   18499321   1.3082        11.6        11.6   0.0169   0.0169    116

S Total TCDD       9.625       9.625   0.0231   0.0231

D 13C-1,2,3,7,8-PeCDF 21.949  127384973 1.55   1.0537        99.2        99.2   0.2893   0.2893  99.24
  1,2,3,7,8-PeCDF 21.977   60982032 1.53   0.9704        49.3        49.3   0.2023   0.2023  98.67
D 13C-2,3,4,7,8-PeCDF 23.258  125399433 1.56   1.0173       101.2       101.2   0.2997   0.2997    101
  2,3,4,7,8-PeCDF 23.286   60953518 1.55   0.9986        48.7        48.7   0.2139   0.2139  97.36
S Total PeCDF        98.0        98.0   0.2081   0.2081

D 13C-1,2,3,7,8-PeCDD 23.968   87404800 1.57   0.7281        98.5        98.5   0.1425   0.1425  98.54
  1,2,3,7,8-PeCDD 23.995   43513844 1.58   1.0023        49.7        49.7   0.0866   0.0866  99.34
S Total PeCDD        49.7        49.7   0.0866   0.0866

D 13C-1,2,3,4,7,8-HxCDF 30.100   90601161 0.52   0.9632        98.9        98.9   0.5568   0.5568  98.90
  1,2,3,4,7,8-HxCDF 30.126   45826476 1.23   1.0315        49.0        49.0   0.4019   0.4019  98.08
D 13C-1,2,3,6,7,8-HxCDF 30.326   97586689 0.51   1.0646        96.4        96.4   0.5038   0.5038  96.38
  1,2,3,6,7,8-HxCDF 30.339   49548801 1.23   1.0235        49.6        49.6   0.3741   0.3741  99.21
D 13C-2,3,4,6,7,8-HxCDF 31.244   89609086 0.51   0.9696        97.2        97.2   0.5531   0.5531  97.16
  2,3,4,6,7,8-HxCDF 31.257   47237432 1.22   1.0645        49.5        49.5   0.2798   0.2798  99.04
D 13C-1,2,3,7,8,9-HxCDF 32.096   84048823 0.51   0.8955        98.7        98.7   0.5989   0.5989  98.68
  1,2,3,7,8,9-HxCDF 32.109   44109482 1.21   1.0664        49.2        49.2   0.2793   0.2793  98.43
S Total HxCDF       197.4       197.4   0.3338   0.3338

* 13C-1,2,3,7,8,9-HxCDD 31.910   95115852 1.24  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.444   71254969 1.26   0.7590        98.7        98.7   0.4033   0.4033  98.70
  1,2,3,4,7,8-HxCDD 31.471   34514378 1.24   1.0054        48.2        48.2   0.1947   0.1947  96.36
D 13C-1,2,3,6,7,8-HxCDD 31.564   84454503 1.24   0.9247        96.0        96.0   0.3311   0.3311  96.02

Page 1038 of 1734



Report Date: 14-Nov-2019 16:54:29 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,6,7,8-HxCDD 31.577   41219178 1.25   0.9833        49.6        49.6   0.1814   0.1814  99.27
  1,2,3,7,8,9-HxCDD 31.923   42847509 1.24   1.1036        49.9        49.9   0.1691   0.1691  99.74
S Total HxCDD       147.7       147.7   0.1817   0.1817

D 13C-1,2,3,4,6,7,8-HpCDF 33.567   72198948 0.45   0.7930        95.7        95.7    1.686    1.686  95.72
  1,2,3,4,6,7,8-HpCDF 33.579   51117337 1.03   1.4240        49.7        49.7   0.7449   0.7449  99.44
D 13C-1,2,3,4,7,8,9-HpCDF 34.612   68033057 0.44   0.7296        98.0        98.0    1.833    1.833  98.04
  1,2,3,4,7,8,9-HpCDF 34.624   42585703 1.03   1.2834        48.8        48.8    1.017    1.017  97.55
S Total HpCDF        98.5        98.5   0.8808   0.8808

D 13C-1,2,3,4,6,7,8-HpCDD 34.333   69012021 1.05   0.7532        96.3        96.3   0.8221   0.8221  96.34
  1,2,3,4,6,7,8-HpCDD 34.345   34696372 1.05   1.0174        49.4        49.4   0.3761   0.3761  98.83
S Total HpCDD        49.4        49.4   0.3761   0.3761

D 13C-OCDD 36.621  102939677 0.90   0.5621       192.6       192.6   0.2221   0.2221  96.28
  OCDF 36.717   66966196 0.90   1.3047        99.7        99.7   0.1124   0.1124  99.72
  OCDD 36.633   55739047 0.88   1.0997        98.5        98.5   0.1406   0.1406  98.48

Reagents:
HRDXNL4_00085 Amount Added:   1.00 Units: mL

Page 1039 of 1734



Report Date: 14-Nov-2019 16:54:29 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Lims ID: IC                       
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 14-Nov-2019 11:18:54 ALS Bottle#: 2 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC111419B  CS-4 HRDXNL4_00085
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 16:54:23 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 13:00:48

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.548 17.539    1   54002056   13582139  12007  30017   1131
333.9339 17.548 17.539    1   67812965   17036405  12394  30985   1375  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.034 17.034    0  0.971   70407835   17881227  13148  32870   1360
317.9389 17.034 17.034    0  0.971   91520491   23282630  28936  72340    805  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.049 17.049    0  1.001    6264348    1600871   2315   5787    692
305.8987 17.049 17.049    0  1.001    8174115    2080188   2111   5277    985  0.77(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.729 17.729    0  1.010   52195788   12580259  12007  30017   1048
333.9339 17.729 17.729    0  1.010   66161214   15953868  12394  30985   1287  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.744 17.744    0  1.001    5314822    1296631   1467   3667    884
321.8936 17.744 17.744    0  1.001    6872086    1670695   1355   3387   1233  0.77(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.744 17.744    0  1.011   18499321    4476979   2715   6787   1649

13C-1,2,3,7,8-PeCDF
351.9000 21.949 21.949    0  1.251   77527228   14035181  22679  56697    619
353.8970 21.949 21.949    0  1.251   49857745    9051978  14658  36645    618  1.55(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 21.977 21.971    0  1.001   36922633    6675391  10782  26955    619
341.8567 21.963 21.971    0  1.001   24059399    4290604   7349  18372    584  1.53(1.32-1.78)
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Report Date: 14-Nov-2019 16:54:29 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF
351.9000 23.258 23.258    0  1.325   76340044   12913305  22679  56697    569
353.8970 23.258 23.258    0  1.325   49059389    8313064  14658  36645    567  1.56(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.286 23.286    0  1.001   37089816    6328557  10782  26955    587
341.8567 23.286 23.286    0  1.001   23863702    4049618   7349  18372    551  1.55(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 23.968 23.968    0  1.366   53395935    8498225   7880  19700   1078
369.8919 23.968 23.968    0  1.366   34008865    5446687   4825  12062   1129  1.57(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 23.995 23.995    0  1.001   26662200    4243637   3024   7560   1403
357.8516 23.995 23.995    0  1.001   16851644    2681902   1819   4547   1474  1.58(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.100 30.102    0  0.943   30866650    5097555  16147  40367    316
385.8610 30.100 30.102    0  0.943   59734511    9657318  31132  77830    310  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.126 30.131    0  1.001   25259600    4100959  13348  33370    307
375.8178 30.126 30.131    0  1.001   20566876    3355902  11117  27792    302  1.23(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.326 30.323    0  0.950   33082900    5419500  16147  40367    336
385.8610 30.326 30.323    0  0.950   64503789   10555675  31132  77830    339  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.339 30.344    0  1.000   27329421    4544896  13348  33370    340
375.8178 30.339 30.344    0  1.000   22219380    3751171  11117  27792    337  1.23(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.244 31.247    0  0.979   30415948    6985625  16147  40367    433
385.8610 31.244 31.247    0  0.979   59193138   13547114  31132  77830    435  0.51(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.257 31.265    0  1.000   25964728    5903158  13348  33370    442
375.8178 31.257 31.265    0  1.000   21272704    4926918  11117  27792    443  1.22(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.096 32.099    0  1.006   28397023    6931491  16147  40367    429
385.8610 32.096 32.099    0  1.006   55651800   13606643  31132  77830    437  0.51(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.109 32.115    0  1.000   24110557    5989271  13348  33370    449
375.8178 32.109 32.115    0  1.000   19998925    4973720  11117  27792    447  1.21(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 31.910 31.912    0   52659556   12205361  14783  36957    826
403.8529 31.910 31.912    0   42456296    9834248  12206  30515    806  1.24(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.444 31.452    0  0.985   39769871    9884694  14783  36957    669
403.8529 31.457 31.452    0  0.986   31485098    7842504  12206  30515    643  1.26(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.471 31.470    0  1.001   19134734    5021391   7459  18647    673
391.8127 31.471 31.470    0  1.001   15379644    3956252   6422  16055    616  1.24(1.05-1.43)
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.564 31.566    0  0.989   46750317   10734244  14783  36957    726
403.8529 31.564 31.566    0  0.989   37704186    8722569  12206  30515    715  1.24(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.577 31.582    0  1.000   22878211    5233445   7459  18647    702
391.8127 31.577 31.582    0  1.000   18340967    4235342   6422  16055    660  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.923 31.926    0  1.015   23750479    5583880   7459  18647    749
391.8127 31.923 31.926    0  1.015   19097030    4492354   6422  16055    700  1.24(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.567 33.567    0  1.052   22336285    6939747  34801  87002    199
419.8220 33.567 33.567    0  1.052   49862663   15174928  83074 207685    183  0.45(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.579 33.579    0  1.000   25988743    7827093  47166 117915    166
409.7789 33.579 33.579    0  1.000   25128594    7436827  46670 116675    159  1.03(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.612 34.619    0  1.085   20849318    5485349  34801  87002    158
419.8220 34.612 34.619    0  1.085   47183739   12495639  83074 207685    150  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.624 34.629    0  1.000   21643792    5932555  47166 117915    126
409.7789 34.624 34.629    0  1.000   20941911    5768738  46670 116675    124  1.03(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.333 34.340    0  1.076   35409022    9326056  28150  70375    331
437.8140 34.333 34.340    0  1.076   33602999    8777343  26434  66085    332  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.345 34.349    0  1.000   17767248    4785774  14192  35480    337
425.7737 34.345 34.349    0  1.000   16929124    4667973  13516  33790    345  1.05(0.88-1.20)

13C-OCDD
469.7779 36.621 36.624    0  1.148   48761834   10728267   5328  13320   2014
471.7750 36.621 36.624    0  1.148   54177843   11803536   5677  14192   2079  0.90(0.76-1.02)

OCDF
441.7428 36.717 36.720    0  1.003   31734111    7332136   3050   7625   2404
443.7399 36.717 36.720    0  1.003   35232085    8042592   3560   8900   2259  0.90(0.76-1.02)

OCDD
457.7377 36.633 36.636    0  1.000   26148565    5718372   3188   7970   1794
459.7348 36.633 36.636    0  1.000   29590482    6427681   3779   9447   1701  0.88(0.76-1.02)

Reagents:
HRDXNL4_00085 Amount Added:   1.00 Units: mL
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 14-Nov-2019 16:54:29 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 14-Nov-2019 16:54:29 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 14-Nov-2019 16:54:29 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 14-Nov-2019 16:54:29 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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L 1,2,3,7,8,9-HxCDF
          32.11

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.11

HxCDF Interference Mass

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

20

24

28

32

36

40

44

48

52

56

60

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:30 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F3:m/z     389.8157:SG5Pt_x1
L 1,2,3,7,8,9-HxCDD
          31.92

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F3:m/z     391.8127:SG5Pt_x1
L 1,2,3,7,8,9-HxCDD
          31.92

HxCDD Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.91

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.91
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Report Date: 14-Nov-2019 16:54:30 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

12

25

38

51

64

77

90

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

HpCDF Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.61

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.61
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Report Date: 14-Nov-2019 16:54:30 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

8

17

26

35

44

53

62

71

80

89

98

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

8

17

26

35

44

53

62

71

80

89

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

HpCDF Interference Mass

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

10

14

18

22

26

30

34

38

42

46

50

54

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1

33.74
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Report Date: 14-Nov-2019 16:54:30 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
00

)

F4:m/z     423.7766:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          34.34

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.34

HpCDD Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.33

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.33
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Report Date: 14-Nov-2019 16:54:30 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.72

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

13

26

39

52

65

78

91

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  36.72

OCDF Standards

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.62

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.62
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.72

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.72

OCDF Interference Mass

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

9

14

19

24

29

34

39

44

49

54

59

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:30 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.63

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.63

OCDD Standards

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.62

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.62
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Report Date: 14-Nov-2019 16:54:30 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:30 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_5.d
Injection Date: 14-Nov-2019 11:18:54 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:38 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Lims ID: IC                       
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 14-Nov-2019 12:04:51 ALS Bottle#: 6 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC111419C  CS-5 HRDXNL5_00028
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 16:54:33 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 13:49:38

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.532  118680858 0.79  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.034  160860723 0.77   1.3318       101.8       101.8   0.2072   0.2072    102
  2,3,7,8-TCDF 17.049   59808417 0.76   0.9005        41.3        41.3   0.0650   0.0650    103
S Total TCDF        41.3        41.3   0.0650   0.0650

D 13C-2,3,7,8-TCDD 17.729  115029444 0.79   0.9647       100.5       100.5   0.1570   0.1570    100
  2,3,7,8-TCDD 17.744   51246180 0.78   1.0698        41.6        41.6   0.0539   0.0539    104
$ 37Cl4-2,3,7,8-TCDD 17.744   63777935   1.3082        41.1        41.1   0.0741   0.0741    103

S Total TCDD        41.6        41.6   0.0539   0.0539

D 13C-1,2,3,7,8-PeCDF 21.949  127455889 1.56   1.0537       101.9       101.9   0.2737   0.2737    102
  1,2,3,7,8-PeCDF 21.963  259554068 1.55   0.9704       209.9       209.9   0.7207   0.7207    105
D 13C-2,3,4,7,8-PeCDF 23.258  120686165 1.57   1.0173       100.0       100.0   0.2836   0.2836  99.97
  2,3,4,7,8-PeCDF 23.286  255176989 1.55   0.9986       211.7       211.7   0.8040   0.8040    106
S Total PeCDF       421.6       421.6   0.7624   0.7624

D 13C-1,2,3,7,8-PeCDD 23.968   89271526 1.57   0.7281       103.3       103.3   0.1406   0.1406    103
  1,2,3,7,8-PeCDD 23.995  186964565 1.57   1.0023       208.9       208.9   0.3085   0.3085    104
S Total PeCDD       208.9       208.9   0.3085   0.3085

D 13C-1,2,3,4,7,8-HxCDF 30.099   88457179 0.51   0.9632       102.2       102.2   0.5148   0.5148    102
  1,2,3,4,7,8-HxCDF 30.126  194792330 1.22   1.0315       213.5       213.5    1.436    1.436    107
D 13C-1,2,3,6,7,8-HxCDF 30.326   97731144 0.51   1.0646       102.2       102.2   0.4658   0.4658    102
  1,2,3,6,7,8-HxCDF 30.339  208690260 1.22   1.0235       208.6       208.6    1.288    1.288    104
D 13C-2,3,4,6,7,8-HxCDF 31.244   88889402 0.51   0.9696       102.0       102.0   0.5114   0.5114    102
  2,3,4,6,7,8-HxCDF 31.271  196787993 1.21   1.0645       208.0       208.0   0.9769   0.9769    104
D 13C-1,2,3,7,8,9-HxCDF 32.096   82765963 0.51   0.8955       102.9       102.9   0.5537   0.5537    103
  1,2,3,7,8,9-HxCDF 32.109  184050734 1.22   1.0664       208.5       208.5   0.9715   0.9715    104
S Total HxCDF       838.6       838.6    1.168    1.168

* 13C-1,2,3,7,8,9-HxCDD 31.910   89856346 1.25  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.457   69650431 1.24   0.7590       102.1       102.1   0.3627   0.3627    102
  1,2,3,4,7,8-HxCDD 31.470  147524233 1.23   1.0054       210.7       210.7   0.6771   0.6771    105
D 13C-1,2,3,6,7,8-HxCDD 31.563   83609273 1.23   0.9247       100.6       100.6   0.2977   0.2977    101
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Report Date: 14-Nov-2019 16:54:38 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,6,7,8-HxCDD 31.577  172956675 1.24   0.9833       210.4       210.4   0.6236   0.6236    105
  1,2,3,7,8,9-HxCDD 31.923  177277735 1.24   1.1036       209.6       209.6   0.5846   0.5846    105
S Total HxCDD       630.7       630.7   0.6284   0.6284

D 13C-1,2,3,4,6,7,8-HpCDF 33.567   73893576 0.44   0.7930       103.7       103.7    1.482    1.482    104
  1,2,3,4,6,7,8-HpCDF 33.579  217460089 1.03   1.4240       206.7       206.7    2.632    2.632    103
D 13C-1,2,3,4,7,8,9-HpCDF 34.624   66749921 0.44   0.7296       101.8       101.8    1.611    1.611    102
  1,2,3,4,7,8,9-HpCDF 34.624  180625829 1.03   1.2834       210.9       210.9    3.774    3.774    105
S Total HpCDF       417.5       417.5    3.203    3.203

D 13C-1,2,3,4,6,7,8-HpCDD 34.345   69874428 1.05   0.7532       103.2       103.2   0.6963   0.6963    103
  1,2,3,4,6,7,8-HpCDD 34.345  147557790 1.04   1.0174       207.6       207.6    1.192    1.192    104
S Total HpCDD       207.6       207.6    1.192    1.192

D 13C-OCDD 36.621  105005841 0.91   0.5621       207.9       207.9   0.2366   0.2366    104
  OCDF 36.717  285155825 0.90   1.3047       416.3       416.3   0.3438   0.3438    104
  OCDD 36.633  237100919 0.89   1.0997       410.7       410.7   0.4932   0.4932    103

Reagents:
HRDXNL5_00028 Amount Added:   1.00 Units: mL
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Report Date: 14-Nov-2019 16:54:38 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Lims ID: IC                       
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 14-Nov-2019 12:04:51 ALS Bottle#: 6 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC111419C  CS-5 HRDXNL5_00028
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 16:54:33 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 13:49:38

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.532 17.539    0   52234395   13070586   9047  22617   1445
333.9339 17.532 17.539    0   66446463   16665045   8971  22427   1858  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.034 17.034    0  0.972   70168230   18029128  22275  55687    809
317.9389 17.034 17.034    0  0.972   90692493   23450218  10547  26367   2223  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.049 17.049    0  1.001   25768565    6586648   4013  10032   1641
305.8987 17.049 17.049    0  1.001   34039852    8759042   5694  14235   1538  0.76(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.729 17.729    0  1.011   50629302   12280035   9047  22617   1357
333.9339 17.729 17.729    0  1.011   64400142   15683484   8971  22427   1748  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.744 17.744    0  1.001   22433859    5464575   3227   8067   1693
321.8936 17.744 17.744    0  1.001   28812321    7071235   3224   8060   2193  0.78(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.744 17.744    0  1.012   63777935   15463623  11528  28820   1341

13C-1,2,3,7,8-PeCDF
351.9000 21.949 21.949    0  1.252   77742018   14329628  20741  51852    691
353.8970 21.949 21.949    0  1.252   49713871    9134141  13567  33917    673  1.56(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 21.963 21.971    0  1.001  157652161   28580632  39533  98832    723
341.8567 21.963 21.971    0  1.001  101901907   18458354  26110  65275    707  1.55(1.32-1.78)
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Report Date: 14-Nov-2019 16:54:38 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF
351.9000 23.258 23.258    0  1.327   73724478   12475804  20741  51852    602
353.8970 23.258 23.258    0  1.327   46961687    7965063  13567  33917    587  1.57(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.286 23.286    0  1.001  155044583   26514956  39533  98832    671
341.8567 23.286 23.286    0  1.001  100132406   17110297  26110  65275    655  1.55(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 23.968 23.968    0  1.367   54487239    8826021   7327  18317   1205
369.8919 23.968 23.968    0  1.367   34784287    5642662   4846  12115   1164  1.57(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 23.995 23.995    0  1.001  114244745   18730709  11134  27835   1682
357.8516 23.995 23.995    0  1.001   72719820   11863469   6765  16912   1754  1.57(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.099 30.102    0  0.943   29987865    4924572  14459  36147    341
385.8610 30.099 30.102    0  0.943   58469314    9557060  28952  72380    330  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.126 30.131    0  1.001  106916678   17515529  47659 119147    368
375.8178 30.126 30.131    0  1.001   87875652   14458254  38159  95397    379  1.22(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.326 30.323    0  0.950   32931143    5475626  14459  36147    379
385.8610 30.326 30.323    0  0.950   64800001   10797292  28952  72380    373  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.339 30.344    0  1.000  114869962   19308083  47659 119147    405
375.8178 30.339 30.344    0  1.000   93820298   15888937  38159  95397    416  1.22(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.244 31.247    0  0.979   30018456    7012284  14459  36147    485
385.8610 31.244 31.247    0  0.979   58870946   13619571  28952  72380    470  0.51(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.271 31.265    0  1.001  107932039   24542337  47659 119147    515
375.8178 31.257 31.265    0  1.000   88855954   20331112  38159  95397    533  1.21(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.096 32.099    0  1.006   27998836    7013166  14459  36147    485
385.8610 32.096 32.099    0  1.006   54767127   13696078  28952  72380    473  0.51(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.109 32.115    0  1.000  101144857   24921162  47659 119147    523
375.8178 32.109 32.115    0  1.000   82905877   20842477  38159  95397    546  1.22(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 31.910 31.912    0   49877643   12166332  13366  33415    910
403.8529 31.910 31.912    0   39978703    9721115  10736  26840    905  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.457 31.452    0  0.986   38531184    9899683  13366  33415    741
403.8529 31.457 31.452    0  0.986   31119247    7903423  10736  26840    736  1.24(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.470 31.470    0  1.000   81310461   21577290  26813  67032    805
391.8127 31.470 31.470    0  1.000   66213772   17450156  21663  54157    806  1.23(1.05-1.43)
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Report Date: 14-Nov-2019 16:54:38 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.563 31.566    0  0.989   46199127   10954073  13366  33415    820
403.8529 31.563 31.566    0  0.989   37410146    8809307  10736  26840    821  1.23(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.577 31.582    0  1.000   95658383   21871447  26813  67032    816
391.8127 31.577 31.582    0  1.000   77298292   18171125  21663  54157    839  1.24(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.923 31.926    0  1.015   98058109   23704618  26813  67032    884
391.8127 31.923 31.926    0  1.015   79219626   19390331  21663  54157    895  1.24(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.567 33.567    0  1.052   22694049    7200331  30809  77022    234
419.8220 33.567 33.567    0  1.052   51199527   16096799  72104 180260    223  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.579 33.579    0  1.000  110552653   34534115 173980 434950    198
409.7789 33.579 33.579    0  1.000  106907436   33026808 175309 438272    188  1.03(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.624 34.619    0  1.085   20485964    5561965  30809  77022    181
419.8220 34.624 34.619    0  1.085   46263957   12466880  72104 180260    173  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.624 34.629    0  1.000   91754963   24820901 173980 434950    143
409.7789 34.624 34.629    0  1.000   88870866   24456551 175309 438272    140  1.03(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.345 34.340    0  1.076   35805874    9838164  24742  61855    398
437.8140 34.345 34.340    0  1.076   34068554    9368499  21174  52935    442  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.345 34.349    0  1.000   75295973   20352849  47315 118287    430
425.7737 34.345 34.349    0  1.000   72261817   19971374  45878 114695    435  1.04(0.88-1.20)

13C-OCDD
469.7779 36.621 36.624    0  1.148   49916226   11141177   6096  15240   1828
471.7750 36.621 36.624    0  1.148   55089615   12332581   5549  13872   2222  0.91(0.76-1.02)

OCDF
441.7428 36.717 36.720    0  1.003  135148972   31411063  10132  25330   3100
443.7399 36.717 36.720    0  1.003  150006853   35123894  10929  27322   3214  0.90(0.76-1.02)

OCDD
457.7377 36.633 36.636    0  1.000  111747988   25346888  11674  29185   2171
459.7348 36.633 36.636    0  1.000  125352931   28583246  13791  34477   2073  0.89(0.76-1.02)

Reagents:
HRDXNL5_00028 Amount Added:   1.00 Units: mL
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1
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43

54
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Y
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X
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00
00

)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          17.05

16.69

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min
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Y
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X
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0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          17.05

16.69

TCDF Standards

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min
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Y
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F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.03

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
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Y
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X
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00
00

0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.03
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

6

13

20
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34
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55
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Y
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X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          17.05

16.69

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          17.05

16.69

TCDF Interference Mass

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

11

15

19

23

27

31

35

39

43
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Y
 ( 

X
10

0)

F1:m/z     375.8364:SG5Pt_x1

19.21
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

9

18

27

36

45
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Y
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X
10

00
00

)

F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          17.74

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
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)

F1:m/z     321.8936:SG5Pt_x1
2,3,7,8-TCDD
          17.74

TCDD Standards
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F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.53 13C-2,3,7,8-TCDD

          17.73
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F1:m/z     333.9339:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.53 13C-2,3,7,8-TCDD

          17.73
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          17.74

37Cl4-TCDD Standards
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F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.53 13C-2,3,7,8-TCDD

          17.73
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.53 13C-2,3,7,8-TCDD

          17.73
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1:m/z     339.8597:SG5Pt_x1
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F1:m/z     341.8567:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min
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F1:m/z     339.8597:SG5Pt_x1

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

13

17

21

25

29

33

37

41

45

49

53

57

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

10

14

18

22

26

30

34

38

42

46

50

Y
 ( 

X
10

0)

F1:m/z     409.7974:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

0)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          21.96 2,3,4,7,8-PeCDF

          23.29

22.49

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          21.96 2,3,4,7,8-PeCDF

          23.29

22.49

PeCDF Standards

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          21.95

22.47

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          21.95

22.47
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
00

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          21.96 2,3,4,7,8-PeCDF

          23.29

22.49

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
00

0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          21.96 2,3,4,7,8-PeCDF

          23.29

22.49

PeCDF Interference Mass

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

11

18

25

32

39

46

53

60

67

74

81

88

Y
 ( 

X
10

0)

F2:m/z     409.7974:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          23.99

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          23.99

PeCDD Standards

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          23.97

21.98

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          23.97

21.99
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

4

9

14

19

24

29

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1
L 1,2,3,7,8,9-HxCDF
          32.11

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1
L 1,2,3,7,8,9-HxCDF
          32.11

HxCDF Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

11

22

33

44

55

66

77

88

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.10

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.10
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

2

5

8

11

14

17

20

23

26

29

32

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.11

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.11

HxCDF Interference Mass

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

22

29

36

43

50

57

64

71

78

85

92

99

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1

31.91
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F3:m/z     389.8157:SG5Pt_x1
L 1,2,3,7,8,9-HxCDD
          31.92

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F3:m/z     391.8127:SG5Pt_x1
L 1,2,3,7,8,9-HxCDD
          31.92

HxCDD Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.91

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.91
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

HpCDF Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.62
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

3

7

11

15

19

23

27

31

35

39

43

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

3

7

11

15

19

23

27

31

35

39

43

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

HpCDF Interference Mass

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

11

17

23

29

35

41

47

53

59

65

71

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.34

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.34

HpCDD Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.34

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.34
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  36.72

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  36.72

OCDF Standards

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.62

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.62
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.72

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.72

OCDF Interference Mass

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

10

15

20

25

30

35

40

45

50

55

60

65

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1

36.60
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

4

9

14

19

24

29

Y
 ( 

X
10

00
00

0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.63

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.63

OCDD Standards

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.62

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.62
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:39 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_6.d
Injection Date: 14-Nov-2019 12:04:51 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1

Page 1087 of 1734



Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Lims ID: IC                       
Client ID:
Sample Type: IC Calib Level: 6
Inject. Date: 14-Nov-2019 12:50:49 ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC111419D  CS-6 HRDXNL6_00024
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 16:54:42 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 13:53:34

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.532  104189512 0.80  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.034  139383549 0.77   1.3318       100.4       100.4   0.1502   0.1502    100
  2,3,7,8-TCDF 17.049  252127694 0.76   0.9005       200.9       200.9   0.3290   0.3290    100
S Total TCDF       200.9       200.9   0.3290   0.3290

D 13C-2,3,7,8-TCDD 17.729  102520996 0.78   0.9647       102.0       102.0   0.2050   0.2050    102
  2,3,7,8-TCDD 17.744  219628955 0.78   1.0698       200.3       200.3   0.2049   0.2049    100
$ 37Cl4-2,3,7,8-TCDD 17.744  279889579   1.3082       205.3       205.3   0.3239   0.3239    103

S Total TCDD       200.3       200.3   0.2049   0.2049

D 13C-1,2,3,7,8-PeCDF 21.949  115062874 1.58   1.0537       104.8       104.8   0.2725   0.2725    105
  1,2,3,7,8-PeCDF 21.977 1124414192 1.55   0.9704      1007.0      1007.0    3.488    3.488    101
D 13C-2,3,4,7,8-PeCDF 23.258  110168728 1.57   1.0173       103.9       103.9   0.2822   0.2822    104
  2,3,4,7,8-PeCDF 23.286 1101823445 1.54   0.9986      1001.6      1001.6    3.845    3.845    100
S Total PeCDF      2008.6      2008.6    3.667    3.667

D 13C-1,2,3,7,8-PeCDD 23.968   79581792 1.57   0.7281       104.9       104.9   0.1464   0.1464    105
  1,2,3,7,8-PeCDD 23.995  803296921 1.58   1.0023      1007.0      1007.0    1.370    1.370    101
S Total PeCDD      1007.0      1007.0    1.370    1.370

D 13C-1,2,3,4,7,8-HxCDF 30.113   80175121 0.52   0.9632       102.3       102.3   0.5088   0.5088    102
  1,2,3,4,7,8-HxCDF 30.140  844095405 1.21   1.0315      1020.7      1020.7    7.301    7.301    102
D 13C-1,2,3,6,7,8-HxCDF 30.326   88786422 0.51   1.0646       102.5       102.5   0.4603   0.4603    103
  1,2,3,6,7,8-HxCDF 30.353  906309496 1.21   1.0235       997.3       997.3    6.332    6.332  99.73
D 13C-2,3,4,6,7,8-HxCDF 31.258   80545635 0.52   0.9696       102.1       102.1   0.5054   0.5054    102
  2,3,4,6,7,8-HxCDF 31.271  848438372 1.21   1.0645       989.5       989.5    5.015    5.015  98.95
D 13C-1,2,3,7,8,9-HxCDF 32.110   74684364 0.50   0.8955       102.5       102.5   0.5472   0.5472    103
  1,2,3,7,8,9-HxCDF 32.123  798982446 1.22   1.0664      1003.2      1003.2    4.759    4.759    100
S Total HxCDF      4010.7      4010.7    5.852    5.852

* 13C-1,2,3,7,8,9-HxCDD 31.923   81352582 1.24  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.457   63178776 1.24   0.7590       102.3       102.3   0.4431   0.4431    102
  1,2,3,4,7,8-HxCDD 31.471  661180887 1.29   1.0054      1040.9      1040.9    3.393    3.393    104
D 13C-1,2,3,6,7,8-HxCDD 31.577   78792852 1.25   0.9247       104.7       104.7   0.3637   0.3637    105
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,6,7,8-HxCDD 31.590  758968703 1.20   0.9833       979.6       979.6    3.245    3.245  97.96
  1,2,3,7,8,9-HxCDD 31.937  769482602 1.24   1.1036       982.3       982.3    2.988    2.988  98.23
S Total HxCDD      3002.8      3002.8    3.209    3.209

D 13C-1,2,3,4,6,7,8-HpCDF 33.567   66583432 0.44   0.7930       103.2       103.2    1.934    1.934    103
  1,2,3,4,6,7,8-HpCDF 33.579  932005937 1.03   1.4240       982.9       982.9     11.5     11.5  98.29
D 13C-1,2,3,4,7,8,9-HpCDF 34.624   62876654 0.44   0.7296       105.9       105.9    2.102    2.102    106
  1,2,3,4,7,8,9-HpCDF 34.637  807051823 1.03   1.2834      1000.1      1000.1     14.9     14.9    100
S Total HpCDF      1983.1      1983.1     13.2     13.2

D 13C-1,2,3,4,6,7,8-HpCDD 34.345   64235657 1.05   0.7532       104.8       104.8   0.6524   0.6524    105
  1,2,3,4,6,7,8-HpCDD 34.357  650929056 1.04   1.0174       996.0       996.0    5.161    5.161  99.60
S Total HpCDD       996.0       996.0    5.161    5.161

D 13C-OCDD 36.633  102351522 0.90   0.5621       223.8       223.8   0.3041   0.3041    112
  OCDF 36.729 1329507408 0.90   1.3047      1991.2      1991.2    1.558    1.558  99.56
  OCDD 36.646 1103964033 0.89   1.0997      1961.7      1961.7    2.344    2.344  98.08

Reagents:
HRDXNL6_00024 Amount Added:   1.00 Units: mL

Page 1089 of 1734



Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Lims ID: IC                       
Client ID:
Sample Type: IC Calib Level: 6
Inject. Date: 14-Nov-2019 12:50:49 ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC111419D  CS-6 HRDXNL6_00024
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 16:54:42 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 13:53:34

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.532 17.539    0   46236786   11633976  10501  26252   1108
333.9339 17.532 17.539    0   57952726   14697189  10323  25807   1424  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.034 17.034    0  0.972   60749751   15566112  11308  28270   1377
317.9389 17.034 17.034    0  0.972   78633798   20178356   9759  24397   2068  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.049 17.049    0  1.001  108470527   27601651  16205  40512   1703
305.8987 17.049 17.049    0  1.001  143657167   36596012  26161  65402   1399  0.76(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.729 17.729    0  1.011   45055920   10702642  10501  26252   1019
333.9339 17.729 17.729    0  1.011   57465076   13740013  10323  25807   1331  0.78(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.744 17.744    0  1.001   96256563   23442657   9921  24802   2363
321.8936 17.744 17.744    0  1.001  123372392   30056521  11506  28765   2612  0.78(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.744 17.744    0  1.012  279889579   67879777  44630 111575   1521

13C-1,2,3,7,8-PeCDF
351.9000 21.949 21.949    0  1.252   70506890   12697127  17938  44845    708
353.8970 21.949 21.949    0  1.252   44555984    8164125  12301  30752    664  1.58(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 21.977 21.971    0  1.001  683340291  122373852 172447 431117    710
341.8567 21.977 21.971    0  1.001  441073901   78452721 110023 275057    713  1.55(1.32-1.78)
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF
351.9000 23.258 23.258    0  1.327   67305378   11214899  17938  44845    625
353.8970 23.258 23.258    0  1.327   42863350    7177108  12301  30752    583  1.57(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.286 23.286    0  1.001  668637233  110708982 172447 431117    642
341.8567 23.286 23.286    0  1.001  433186212   71905558 110023 275057    654  1.54(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 23.968 23.968    0  1.367   48675269    7913699   7044  17610   1123
369.8919 23.968 23.968    0  1.367   30906523    4903004   4180  10450   1173  1.57(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 23.995 23.995    0  1.001  491370587   79336248  43449 108622   1826
357.8516 23.995 23.995    0  1.001  311926334   50196955  26934  67335   1864  1.58(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.113 30.102    1  0.943   27265510    4429566  12759  31897    347
385.8610 30.113 30.102    1  0.943   52909611    8501490  25021  62552    340  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.140 30.131    0  1.001  462785731   75757000 216451 541127    350
375.8178 30.126 30.131    0  1.000  381309674   62240038 173055 432637    360  1.21(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.326 30.323    0  0.950   30123983    5116260  12759  31897    401
385.8610 30.326 30.323    0  0.950   58662439    9907672  25021  62552    396  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.353 30.344    1  1.001  496803305   84486770 216451 541127    390
375.8178 30.353 30.344    1  1.001  409506191   69401335 173055 432637    401  1.21(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.258 31.247    1  0.979   27474097    6215033  12759  31897    487
385.8610 31.258 31.247    1  0.979   53071538   12026572  25021  62552    481  0.52(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.271 31.265    0  1.000  464804254  108030184 216451 541127    499
375.8178 31.271 31.265    0  1.000  383634118   89204020 173055 432637    515  1.21(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.110 32.099    1  1.006   25028983    6529616  12759  31897    512
385.8610 32.110 32.099    1  1.006   49655381   12656763  25021  62552    506  0.50(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.123 32.115    0  1.000  439437206  112405900 216451 541127    519
375.8178 32.123 32.115    0  1.000  359545240   90470116 173055 432637    523  1.22(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 31.923 31.912    1   45103570   10643779  15645  39112    680
403.8529 31.923 31.912    1   36249012    8630595  10282  25705    839  1.24(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.457 31.452    0  0.985   34999223    9418989  15645  39112    602
403.8529 31.457 31.452    0  0.985   28179553    7492132  10282  25705    729  1.24(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.471 31.470    0  1.000  372698533   95892507 139281 348202    688
391.8127 31.471 31.470    0  1.000  288482354   77812791  91500 228750    850  1.29(1.05-1.43)
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.577 31.566    1  0.989   43709013   10063164  15645  39112    643
403.8529 31.577 31.566    1  0.989   35083839    8020792  10282  25705    780  1.25(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.590 31.582    0  1.000  414124659  100785468 139281 348202    724
391.8127 31.590 31.582    0  1.000  344844044   79840617  91500 228750    873  1.20(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.937 31.926    1  1.015  426173139  102823281 139281 348202    738
391.8127 31.923 31.926    0  1.015  343309463   81988301  91500 228750    896  1.24(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.567 33.567    0  1.051   20493054    6426150  35648  89120    180
419.8220 33.567 33.567    0  1.051   46090378   14404490  82592 206480    174  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.579 33.579    0  1.000  473831834  150013839 682505 1706262   220
409.7789 33.579 33.579    0  1.000  458174103  145958814 676323 1690807   216  1.03(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.624 34.619    0  1.085   19348857    5517602  35648  89120    155
419.8220 34.624 34.619    0  1.085   43527797   12252910  82592 206480    148  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.637 34.629    0  1.000  410072714  114733033 682505 1706262   168
409.7789 34.637 34.629    0  1.000  396979109  109312714 676323 1690807   162  1.03(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.345 34.340    0  1.076   32905584    9299037  20228  50570    460
437.8140 34.345 34.340    0  1.076   31330073    8943517  17654  44135    507  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.357 34.349    0  1.000  332533058   93655389 196798 491995    476
425.7737 34.357 34.349    0  1.000  318395998   88289091 186329 465822    474  1.04(0.88-1.20)

13C-OCDD
469.7779 36.633 36.624    1  1.148   48539634   11019070   7123  17807   1547
471.7750 36.633 36.624    1  1.148   53811888   12249401   6055  15137   2023  0.90(0.76-1.02)

OCDF
441.7428 36.729 36.720    1  1.003  630543815  150072403  42259 105647   3551
443.7399 36.729 36.720    1  1.003  698963593  164553935  52356 130890   3143  0.90(0.76-1.02)

OCDD
457.7377 36.646 36.636    1  1.000  520204093  116760134  64002 160005   1824
459.7348 36.633 36.636    0  1.000  583759940  129638160  55943 139857   2317  0.89(0.76-1.02)

Reagents:
HRDXNL6_00024 Amount Added:   1.00 Units: mL
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1
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TCDF Standards
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F1:m/z     315.9419:SG5Pt_x1
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13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.03
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
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F1:m/z     303.9016:SG5Pt_x1
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          17.05
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F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          17.05

16.69

TCDF Interference Mass
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          17.74
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F1:m/z     321.8936:SG5Pt_x1
2,3,7,8-TCDD
          17.74

TCDD Standards
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F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.53 13C-2,3,7,8-TCDD

          17.73
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F1:m/z     333.9339:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.53 13C-2,3,7,8-TCDD

          17.73

Page 1095 of 1734



Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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          17.74

37Cl4-TCDD Standards
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          17.53 13C-2,3,7,8-TCDD

          17.73
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          17.53 13C-2,3,7,8-TCDD

          17.73
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
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00
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1,2,3,7,8-PeCDF
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          23.29
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          23.29

PeCDF Standards
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          21.95
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          21.95
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

00
)

F2:m/z     339.8597:SG5Pt_x1
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          23.29
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F2:m/z     341.8567:SG5Pt_x1
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          23.29

PeCDF Interference Mass
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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F2:m/z     355.8546:SG5Pt_x1
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          23.99
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PeCDD Standards
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          23.97
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          23.97
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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          32.12
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HxCDF Standards
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F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.11
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
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F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.12
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F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.12

HxCDF Interference Mass
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F3:m/z     445.7555:SG5Pt_x1
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Page 1103 of 1734



Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min
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) F3:m/z     389.8157:SG5Pt_x1

L 1,2,3,7,8,9-HxCDD
          31.94
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) F3:m/z     391.8127:SG5Pt_x1
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          31.92

HxCDD Standards
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F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.92
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F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.92
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
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00
) F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.64

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
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Y
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) F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.64

HpCDF Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min
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)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57 13C-1,2,3,4,7,8,9-HpCDF

          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57 13C-1,2,3,4,7,8,9-HpCDF

          34.62
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

00
00

00
)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.64

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

00
00

00
)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.64

HpCDF Interference Mass

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1

33.74
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

00
) F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.36

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

00
) F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.36

HpCDD Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.34

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.34
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

00
) F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.73

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

00
) F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.73

OCDF Standards

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.63

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.63
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

00
00

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.73

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

00
00

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.73

OCDF Interference Mass

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
)

F5:m/z     513.6775:SG5Pt_x136.65

42.19
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

00
) F5:m/z     457.7377:SG5Pt_x1

OCDD
  36.65

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

00
) F5:m/z     459.7348:SG5Pt_x1

OCDD
  36.63

OCDD Standards

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.63

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.63
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 14-Nov-2019 16:54:48 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d
Injection Date: 14-Nov-2019 12:50:49 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY INTERNAL STANDARD - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56911-1

11D2

Analy Batch No.: 312067

46494Calibration Start Date: Calibration End Date:08/02/2019  02:52

N

08/02/2019  05:25

0.32(mm)DB-225 ID:

CURVE EVALUATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
1Level IC 320-312067/3 02AU1911D2_003.d
2Level IC 320-312067/4 02AU1911D2_004.d
3Level IC 320-312067/5 02AU1911D2_005.d
4Level IC 320-312067/6 02AU1911D2_006.d
5Level IC 320-312067/7 02AU1911D2_007.d

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

2,3,7,8-TCDD 1.4072 1.1517 0.9928 1.1253 1.0921 AveID 13.3 20.01.1538
2,3,7,8-TCDF 0.9508 0.8634 0.7802 0.8060 0.7939 AveID 8.4 20.00.8389
13C-2,3,7,8-TCDD 0.9860 0.9016 0.9603 0.9300 0.9162 Ave 3.6 35.00.9388
13C-2,3,7,8-TCDF 1.4126 1.2992 1.3548 1.2560 1.3671 Ave 4.6 35.01.3379
37Cl4-2,3,7,8-TCDD 1.2464 1.0504 1.1674 1.2313 1.2128 Ave 6.71.1816

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY INTERNAL STANDARD - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56911-1

11D2

Analy Batch No.: 312067

46494Calibration Start Date: Calibration End Date:08/02/2019  02:52

N

08/02/2019  05:25

GC Column: DB-225 ID: 0.32(mm)

RESPONSE AND CONCENTRATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
Level 1 IC 320-312067/3 02AU1911D2_003.d
Level 2 IC 320-312067/4 02AU1911D2_004.d
Level 3 IC 320-312067/5 02AU1911D2_005.d
Level 4 IC 320-312067/6 02AU1911D2_006.d
Level 5 IC 320-312067/7 02AU1911D2_007.d

ANALYTE CURVE
TYPE

IS
REF

RESPONSE

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CONCENTRATION (PG/UL)

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

2,3,7,8-TCDD AveID 766838 2408989 10136940 48146783 221171643 0.500 2.00 10.0 40.0 200
2,3,7,8-TCDF AveID 742351 2602621 11238394 46575552 239921851 0.500 2.00 10.0 40.0 200
13C-2,3,7,8-TCDD Ave13CTCDD 108987233 104587968 102100937 106968299 101263855 100 100 100 100 100
13C-2,3,7,8-TCDF Ave13CTCDD 156147949 150712836 144041178 144459393 151101344 100 100 100 100 100
37Cl4-2,3,7,8-TCDD Ave13CTCDD 688870 2436945 9929024 56650769 268090229 0.500 2.00 8.00 40.0 200

Curve Type Legend:
Ave = Average ISTD
AveID = Average isotope dilution
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Report Date: 02-Aug-2019 11:50:56 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Lims ID: IC  2                    
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 02-Aug-2019 02:52:03 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-2 HRDXNL2_00027
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:50:46 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:43:34

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.424  110538697 0.80  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.591  156147949 0.76   1.3379       105.6       105.6   0.5565   0.5565    106
  2,3,7,8-TCDF 16.618     742351 0.68   0.8389      0.5667      0.5667   0.0601   0.0601    113
D 13C-2,3,7,8-TCDD 15.150  108987233 0.78   0.9388       105.0       105.0   0.3029   0.3029    105
  2,3,7,8-TCDD 15.164     766838 0.66   1.1538      0.6098      0.6098   0.1272   0.1272    122  n
$ 37Cl4-2,3,7,8-TCDD 15.177     688870   1.1816      0.5274      0.5274   0.0799   0.0799    105

S Total 2378-Chlorinated 0.000100 0.000100

QC Flag Legend
Processing Flags
  n - Failed Sig-To-Noise Test
Reagents:
HRDXNL2_00027 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:50:56 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Lims ID: IC  2                    
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 02-Aug-2019 02:52:03 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-2 HRDXNL2_00027
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:50:46 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:43:34

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.424 15.416    0   49211451   11686880  18543  46357    630
333.9339 15.424 15.416    0   61327246   14873725  11665  29162   1275  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.591 16.580    1  1.076   67180120   14400770  53937 134842    267
317.9389 16.591 16.580    1  1.076   88967829   19171242  25172  62930    762  0.76(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.618 16.599    1  1.002     300768      58292   2710   6775     22
305.8987 16.604 16.599    0  1.001     441583      80440   4062  10155     20  0.68(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.150 15.136    1  0.982   47916340   11905033  18543  46357    642
333.9339 15.150 15.136    1  0.982   61070893   14985948  11665  29162   1285  0.78(0.65-0.89)

2,3,7,8-TCDD n
319.8965 15.164 15.156    0  1.001     304053      63475   6504  16260     10
321.8936 15.177 15.156    1  1.002     462785      92174   9277  23192     10  0.66(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.177 15.158    1  0.984     688870     148959  10036  25090     15

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

QC Flag Legend
Processing Flags
  n - Failed Sig-To-Noise Test
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Report Date: 02-Aug-2019 11:50:56 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Reagents:
HRDXNL2_00027 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:50:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Injection Date: 02-Aug-2019 02:52:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 3
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          16.62

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          16.60

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.59

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)
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Report Date: 02-Aug-2019 11:50:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Injection Date: 02-Aug-2019 02:52:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 3
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:50:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Injection Date: 02-Aug-2019 02:52:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 3
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 02-Aug-2019 11:50:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Injection Date: 02-Aug-2019 02:52:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 3
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:50:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Injection Date: 02-Aug-2019 02:52:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 3
Column Type: DB-225 Column Dia:  0.32 mm
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Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Lims ID: IC  3                    
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 02-Aug-2019 03:30:21 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-3 HRDXNL3_00025
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:51:18 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:43:45

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.422  116003371 0.79  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.588  150712836 0.76   1.3379        97.1        97.1   0.5017   0.5017  97.11
  2,3,7,8-TCDF 16.602    2602621 0.77   0.8389       2.059       2.059   0.0697   0.0697    103
D 13C-2,3,7,8-TCDD 15.134  104587968 0.77   0.9388        96.0        96.0   0.2954   0.2954  96.04
  2,3,7,8-TCDD 15.161    2408989 0.76   1.1538       1.996       1.996   0.1402   0.1402  99.81
$ 37Cl4-2,3,7,8-TCDD 15.161    2436945   1.1816       1.778       1.778   0.0697   0.0697  88.89

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL3_00025 Amount Added:   1.00 Units: mL

Page 1126 of 1734



Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Lims ID: IC  3                    
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 02-Aug-2019 03:30:21 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-3 HRDXNL3_00025
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:51:18 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:43:45

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.422 15.416    0   51108109   12518707  19618  49045    638
333.9339 15.422 15.416    0   64895262   16017022  12040  30100   1330  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.588 16.580    0  1.076   65303459   13590544  55233 138082    246
317.9389 16.588 16.580    0  1.076   85409377   18139250  21388  53470    848  0.76(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.602 16.599    0  1.001    1128784     210338   2933   7332     72
305.8987 16.602 16.599    0  1.001    1473837     306111   4488  11220     68  0.77(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.134 15.136    0  0.981   45657518   11153304  19618  49045    569
333.9339 15.134 15.136    0  0.981   58930450   14086226  12040  30100   1170  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.161 15.156    0  1.002    1042745     248740   6492  16230     38
321.8936 15.161 15.156    0  1.002    1366244     315049   9844  24610     32  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.161 15.158    0  0.983    2436945     572005   9406  23515     61

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL3_00025 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Injection Date: 02-Aug-2019 03:30:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Injection Date: 02-Aug-2019 03:30:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Injection Date: 02-Aug-2019 03:30:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Injection Date: 02-Aug-2019 03:30:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:51:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Injection Date: 02-Aug-2019 03:30:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
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Report Date: 02-Aug-2019 11:50:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Lims ID: IC  4                    
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 02-Aug-2019 04:08:39 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-4 HRDXNL4_00084
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:50:13 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 11:50:13

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.424  106319859 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.591  144041178 0.79   1.3379       101.3       101.3   0.5534   0.5534    101
  2,3,7,8-TCDF 16.604   11238394 0.76   0.8389       9.301       9.301   0.0827   0.0827  93.01
D 13C-2,3,7,8-TCDD 15.136  102100937 0.77   0.9388       102.3       102.3   0.2809   0.2809    102
  2,3,7,8-TCDD 15.164   10136940 0.76   1.1538       8.605       8.605   0.1498   0.1498  86.05
$ 37Cl4-2,3,7,8-TCDD 15.164    9929024   1.1816       7.903       7.903   0.1068   0.1068  98.79

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL4_00084 Amount Added:   1.00 Units: mL

Page 1133 of 1734



Report Date: 02-Aug-2019 11:50:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Lims ID: IC  4                    
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 02-Aug-2019 04:08:39 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-4 HRDXNL4_00084
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:50:13 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 11:50:13

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.424 15.416    0   46708197   10977681  16216  40540    677
333.9339 15.424 15.416    0   59611662   14687691  10856  27140   1353  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.591 16.580    1  1.076   63548576   13720043  50935 127337    269
317.9389 16.591 16.580    1  1.076   80492602   17728003  25076  62690    707  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.604 16.599    0  1.001    4865871    1034824   3394   8485    305
305.8987 16.604 16.599    0  1.001    6372523    1366111   5328  13320    256  0.76(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.136 15.136    0  0.981   44311856   10806558  16216  40540    666
333.9339 15.136 15.136    0  0.981   57789081   13912119  10856  27140   1282  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.164 15.156    0  1.002    4381105    1087501   6755  16887    161
321.8936 15.164 15.156    0  1.002    5755835    1373692  10330  25825    133  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.164 15.158    0  0.983    9929024    2303011  12961  32402    178

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL4_00084 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:50:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Injection Date: 02-Aug-2019 04:08:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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          16.60

23.0418.94
20.35
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13C-2,3,7,8-TCDF
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18.90 23.05
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Report Date: 02-Aug-2019 11:50:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Injection Date: 02-Aug-2019 04:08:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 02-Aug-2019 11:50:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Injection Date: 02-Aug-2019 04:08:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 02-Aug-2019 11:50:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Injection Date: 02-Aug-2019 04:08:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:50:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Injection Date: 02-Aug-2019 04:08:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
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F1:m/z     330.9792:SG5Pt_x1
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Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Lims ID: IC  5                    
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 02-Aug-2019 04:46:57 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-5 HRDXNL5_00028
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:52:00 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:44:08

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.407  115018689 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.573  144459393 0.77   1.3379        93.9        93.9   0.5274   0.5274  93.87
  2,3,7,8-TCDF 16.586   46575552 0.77   0.8389        38.4        38.4   0.1167   0.1167  96.08
D 13C-2,3,7,8-TCDD 15.132  106968299 0.77   0.9388        99.1        99.1   0.2830   0.2830  99.06
  2,3,7,8-TCDD 15.146   48146783 0.76   1.1538        39.0        39.0   0.1640   0.1640  97.53
$ 37Cl4-2,3,7,8-TCDD 15.146   56650769   1.1816        41.7        41.7   0.0894   0.0894    104

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL5_00028 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Lims ID: IC  5                    
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 02-Aug-2019 04:46:57 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-5 HRDXNL5_00028
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:52:00 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:44:08

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.407 15.416   -1   50351038   12128425  19106  47765    635
333.9339 15.407 15.416   -1   64667651   15935590  10721  26802   1486  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.573 16.580    0  1.076   62832695   14048507  53452 133630    263
317.9389 16.573 16.580    0  1.076   81626698   17801662  25764  64410    691  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.586 16.599   -1  1.001   20335382    4486199   5024  12560    893
305.8987 16.586 16.599   -1  1.001   26240170    5630982   7452  18630    756  0.77(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.132 15.136    0  0.982   46501097   11086056  19106  47765    580
333.9339 15.118 15.136   -1  0.981   60467202   14396233  10721  26802   1343  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.146 15.156   -1  1.001   20863773    5196689   8344  20860    623
321.8936 15.146 15.156   -1  1.001   27283010    6610856  10939  27347    604  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.146 15.158   -1  0.983   56650769   13763841  11857  29642   1161

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL5_00028 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Injection Date: 02-Aug-2019 04:46:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Injection Date: 02-Aug-2019 04:46:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

Page 1143 of 1734



Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Injection Date: 02-Aug-2019 04:46:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Injection Date: 02-Aug-2019 04:46:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:52:19 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Injection Date: 02-Aug-2019 04:46:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Lims ID: IC  6                    
Client ID:
Sample Type: IC Calib Level: 6
Inject. Date: 02-Aug-2019 05:25:19 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-6 HRDXNL6_00024
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:52:36 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:44:20

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.404  110526038 0.77  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.556  151101344 0.75   1.3379       102.2       102.2   0.5415   0.5415    102
  2,3,7,8-TCDF 16.584  239921851 0.78   0.8389       189.3       189.3   0.1707   0.1707  94.64
D 13C-2,3,7,8-TCDD 15.130  101263855 0.79   0.9388        97.6        97.6   0.2909   0.2909  97.59
  2,3,7,8-TCDD 15.143  221171643 0.78   1.1538       189.3       189.3   0.2031   0.2031  94.65
$ 37Cl4-2,3,7,8-TCDD 15.143  268090229   1.1816       205.3       205.3   0.1091   0.1091    103

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL6_00024 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Lims ID: IC  6                    
Client ID:
Sample Type: IC Calib Level: 6
Inject. Date: 02-Aug-2019 05:25:19 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-6 HRDXNL6_00024
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:52:36 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:44:20

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.404 15.416   -1   48112289   11729044  18185  45462    645
333.9339 15.404 15.416   -1   62413749   15576756  11642  29105   1338  0.77(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.556 16.580   -1  1.075   64986610   14150118  57009 142522    248
317.9389 16.556 16.580   -1  1.075   86114734   18279234  22119  55297    826  0.75(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.584 16.599   -1  1.002  104966823   22470376   8972  22430   2505
305.8987 16.584 16.599   -1  1.002  134955028   28495262   9607  24017   2966  0.78(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.130 15.136    0  0.982   44673635   10986883  18185  45462    604
333.9339 15.130 15.136    0  0.982   56590220   13637893  11642  29105   1171  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.143 15.156   -1  1.001   96586623   23829881   9066  22665   2628
321.8936 15.143 15.156   -1  1.001  124585020   30700236  14012  35030   2191  0.78(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.143 15.158   -1  0.983  268090229   64785114  14075  35187   4603

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL6_00024 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Injection Date: 02-Aug-2019 05:25:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Injection Date: 02-Aug-2019 05:25:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Injection Date: 02-Aug-2019 05:25:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Injection Date: 02-Aug-2019 05:25:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Injection Date: 02-Aug-2019 05:25:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56911-1

DFS 1

Analy Batch No.: 332505

47888Calibration Start Date: Calibration End Date:10/18/2019  20:50

N

10/19/2019  00:02

0.32(mm)DB-5 ID:

CURVE EVALUATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
1Level IC 320-332505/3 18oc19adfs1_4.d
2Level IC 320-332505/4 18oc19adfs1_5.d
3Level IC 320-332505/5 18oc19adfs1_6.d
4Level IC 320-332505/6 18oc19adfs1_7.d
5Level IC 320-332505/7 18oc19adfs1_8.d

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

2,3,7,8-TCDF 1.2589 1.3384 1.2032 1.2283 1.1373 AveID 6.0 20.01.2332
2,3,7,8-TCDD 1.1760 1.3057 1.1662 1.1970 1.1492 AveID 5.2 20.01.1988
1,2,3,7,8-PeCDF 1.1178 1.3071 1.1707 1.1550 1.0939 AveID 7.1 20.01.1689
2,3,4,7,8-PeCDF 1.2006 1.2963 1.1247 1.1885 1.1205 AveID 6.0 20.01.1861
1,2,3,7,8-PeCDD 1.1084 1.2399 1.1031 1.1039 1.0446 AveID 6.4 20.01.1200
1,2,3,4,7,8-HxCDF 1.2990 1.4177 1.2381 1.2893 1.2664 AveID 5.3 20.01.3021
1,2,3,6,7,8-HxCDF 1.2839 1.4085 1.2593 1.2487 1.2533 AveID 5.2 20.01.2907
2,3,4,6,7,8-HxCDF 1.2831 1.4314 1.2844 1.2674 1.2534 AveID 5.5 20.01.3039
1,2,3,4,7,8-HxCDD 1.2048 1.2874 1.1208 1.1546 1.0949 AveID 6.5 20.01.1725
1,2,3,6,7,8-HxCDD 1.1309 1.2345 1.1036 1.1082 1.0507 AveID 6.0 20.01.1256
1,2,3,7,8,9-HxCDD 1.2275 1.3957 1.2171 1.2242 1.0990 AveID 8.6 20.01.2327
1,2,3,7,8,9-HxCDF 1.3422 1.4574 1.3097 1.2854 1.2696 AveID 5.6 20.01.3329
1,2,3,4,6,7,8-HpCDF 1.5962 1.7676 1.5937 1.5632 1.5675 AveID 5.3 20.01.6176
1,2,3,4,6,7,8-HpCDD 1.1161 1.2549 1.1042 1.0907 1.0526 AveID 6.9 20.01.1237
1,2,3,4,7,8,9-HpCDF 1.4599 1.6109 1.3928 1.4429 1.4296 AveID 5.7 20.01.4672
OCDD 1.1883 1.3024 1.1550 1.1498 1.1320 AveID 5.8 20.01.1855
OCDF 1.4786 1.6343 1.4919 1.5204 1.5829 AveID 4.3 20.01.5416
13C-2,3,7,8-TCDF 1.5993 1.6198 1.5661 1.5967 1.6662 Ave 2.3 35.01.6096
13C-2,3,7,8-TCDD 0.9974 0.9684 0.9798 1.0009 1.0455 Ave 2.9 35.00.9984
13C-1,2,3,7,8-PeCDF 1.3432 1.3364 1.3172 1.3627 1.4794 Ave 4.7 35.01.3678
13C-2,3,4,7,8-PeCDF 1.2499 1.2708 1.3091 1.2878 1.4049 Ave 4.6 35.01.3045
13C-1,2,3,7,8-PeCDD 0.8039 0.7984 0.7968 0.8385 0.9085 Ave 5.7 35.00.8292
13C-1,2,3,4,7,8-HxCDF 1.1731 1.1495 1.1680 1.1937 1.1657 Ave 1.4 35.01.1700
13C-1,2,3,6,7,8-HxCDF 1.3236 1.2903 1.2864 1.3473 1.3362 Ave 2.1 35.01.3168
13C-2,3,4,6,7,8-HxCDF 1.2819 1.2628 1.2344 1.2885 1.3691 Ave 3.9 35.01.2873
13C-1,2,3,4,7,8-HxCDD 0.8084 0.8132 0.8195 0.8364 0.9044 Ave 4.7 35.00.8364
13C-1,2,3,6,7,8-HxCDD 0.8918 0.8846 0.8732 0.9110 0.9594 Ave 3.7 35.00.9040
13C-1,2,3,7,8,9-HxCDF 1.1868 1.1798 1.1694 1.1866 1.2711 Ave 3.4 35.01.1987
13C-1,2,3,4,6,7,8-HpCDF 0.9566 0.9631 0.9102 0.9756 1.0390 Ave 4.8 35.00.9689
13C-1,2,3,4,6,7,8-HpCDD 0.9004 0.9065 0.8615 0.9187 0.9699 Ave 4.3 35.00.9114
13C-1,2,3,4,7,8,9-HpCDF 0.9065 0.9179 0.8790 0.9189 0.9931 Ave 4.6 35.00.9231
13C-OCDD 0.6111 0.6194 0.5741 0.6291 0.7025 Ave 7.5 35.00.6272

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56911-1

DFS 1

Analy Batch No.: 332505

47888Calibration Start Date: Calibration End Date:10/18/2019  20:50

N

10/19/2019  00:02

0.32(mm)DB-5 ID:

CURVE EVALUATION

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

37Cl4-2,3,7,8-TCDD 1.3865 1.4341 1.5873 1.4156 1.4314 Ave 5.41.4510

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56911-1

DFS 1

Analy Batch No.: 332505

47888Calibration Start Date: Calibration End Date:10/18/2019  20:50

N

10/19/2019  00:02

GC Column: DB-5 ID: 0.32(mm)

RESPONSE AND CONCENTRATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
Level 1 IC 320-332505/3 18oc19adfs1_4.d
Level 2 IC 320-332505/4 18oc19adfs1_5.d
Level 3 IC 320-332505/5 18oc19adfs1_6.d
Level 4 IC 320-332505/6 18oc19adfs1_7.d
Level 5 IC 320-332505/7 18oc19adfs1_8.d

ANALYTE CURVE
TYPE

IS
REF

RESPONSE

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CONCENTRATION (PG/UL)

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

2,3,7,8-TCDF AveID 52500 227226 1022791 4117287 19267770 0.500 2.00 10.0 40.0 200
2,3,7,8-TCDD AveID 30582 132527 620273 2515247 12215535 0.500 2.00 10.0 40.0 200
1,2,3,7,8-PeCDF AveID 195742 915403 4185351 16520730 82272798 2.50 10.0 50.0 200 1000
2,3,4,7,8-PeCDF AveID 195625 863257 3995881 16066504 80029996 2.50 10.0 50.0 200 1000
1,2,3,7,8-PeCDD AveID 116165 518729 2385593 9715829 48247060 2.50 10.0 50.0 200 1000
1,2,3,4,7,8-HxCDF AveID 215195 931117 4354560 17777367 84101340 2.50 10.0 50.0 200 1000
1,2,3,6,7,8-HxCDF AveID 239982 1038354 4878178 19431932 95400318 2.50 10.0 50.0 200 1000
2,3,4,6,7,8-HxCDF AveID 232263 1032686 4774247 18862486 97753005 2.50 10.0 50.0 200 1000
1,2,3,4,7,8-HxCDD AveID 137541 598181 2765708 11153969 56405618 2.50 10.0 50.0 200 1000
1,2,3,6,7,8-HxCDD AveID 142433 623939 2902121 11661873 57425910 2.50 10.0 50.0 200 1000
1,2,3,7,8,9-HxCDD AveID 147369 676949 3101840 12354108 58343908 2.50 10.0 50.0 200 1000
1,2,3,7,8,9-HxCDF AveID 224956 982394 4611955 17616763 91937678 2.50 10.0 50.0 200 1000
1,2,3,4,6,7,8-HpCDF AveID 215620 972638 4368003 17615721 92770691 2.50 10.0 50.0 200 1000
1,2,3,4,6,7,8-HpCDD AveID 141914 649996 2864412 11573871 58157652 2.50 10.0 50.0 200 1000
1,2,3,4,7,8,9-HpCDF AveID 186889 844812 3686922 15315395 80874831 2.50 10.0 50.0 200 1000
OCDD AveID 205114 921901 3993320 16709340 90601717 5.00 20.0 100 400 2000
OCDF AveID 255207 1156799 5158047 22094312 126690658 5.00 20.0 100 400 2000
13C-2,3,7,8-TCDF Ave13CTCDD 8340309 8488555 8500696 8380142 8470716 100 100 100 100 100
13C-2,3,7,8-TCDD Ave13CTCDD 5201084 5074828 5318631 5253288 5315007 100 100 100 100 100
13C-1,2,3,7,8-PeCDF Ave13CTCDD 7004333 7003224 7149905 7152089 7521267 100 100 100 100 100
13C-2,3,4,7,8-PeCDF Ave13CTCDD 6517835 6659419 7105616 6759066 7142216 100 100 100 100 100
13C-1,2,3,7,8-PeCDD Ave13CTCDD 4192143 4183753 4325328 4400759 4618561 100 100 100 100 100
13C-1,2,3,4,7,8-HxCDF Ave13CHxCD 6626281 6567672 7034054 6894093 6640749 100 100 100 100 100
13C-1,2,3,6,7,8-HxCDF Ave13CHxCD 7476700 7372206 7747256 7780881 7611761 100 100 100 100 100
13C-2,3,4,6,7,8-HxCDF Ave13CHxCD 7240856 7214754 7434381 7441472 7799209 100 100 100 100 100
13C-1,2,3,4,7,8-HxCDD Ave13CHxCD 4566579 4646412 4935207 4830229 5151852 100 100 100 100 100
13C-1,2,3,6,7,8-HxCDD Ave13CHxCD 5037671 5054298 5259136 5261618 5465550 100 100 100 100 100
13C-1,2,3,7,8,9-HxCDF Ave13CHxCD 6704113 6740692 7042762 6852734 7241212 100 100 100 100 100
13C-1,2,3,4,6,7,8-HpCDF Ave13CHxCD 5403412 5502512 5481639 5634533 5918544 100 100 100 100 100
13C-1,2,3,4,6,7,8-HpCDD Ave13CHxCD 5085943 5179512 5188334 5305866 5525128 100 100 100 100 100
13C-1,2,3,4,7,8,9-HpCDF Ave13CHxCD 5120644 5244417 5294096 5307044 5657300 100 100 100 100 100
13C-OCDD Ave13CHxCD 6904214 7078418 6914737 7266166 8003485 200 200 200 200 200
37Cl4-2,3,7,8-TCDD Ave13CTCDD 36152 150303 861567 2971886 14554194 0.500 2.00 10.0 40.0 200
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56911-1

DFS 1

Analy Batch No.: 332505

47888Calibration Start Date: Calibration End Date:10/18/2019  20:50

N

10/19/2019  00:02

GC Column: DB-5 ID: 0.32(mm)

RESPONSE AND CONCENTRATION

Curve Type Legend:
Ave = Average ISTD
AveID = Average isotope dilution

FORM VI 1613B Page 1157 of 1734
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Report Date: 23-Oct-2019 11:52:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Lims ID: IC 2                     
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 18-Oct-2019 20:50:00 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-2 HRDXNL2_00027
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 11:52:49 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 21-Oct-2019 10:56:00

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 20.721    5214833 0.81  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 19.761    8340309 0.83   1.6096        99.4        99.4   0.2199   0.2199  99.36
  2,3,7,8-TCDF 19.787      52500 0.88   1.2332      0.5104      0.5104   0.0102   0.0102    102
S Total TCDF      0.5104      0.5104   0.0102   0.0102

D 13C-2,3,7,8-TCDD 21.084    5201084 0.78   0.9984        99.9        99.9   0.1868   0.1868  99.90
$ 37Cl4-2,3,7,8-TCDD 21.102      36152   1.4510      0.4778      0.4778 0.005715 0.005715  95.56

  2,3,7,8-TCDD 21.119      30582 0.71   1.1988      0.4905      0.4905   0.0265   0.0265  98.10
S Total TCDD      0.4905      0.4905   0.0265   0.0265

D 13C-1,2,3,7,8-PeCDF 26.789    7004333 1.58   1.3678        98.2        98.2   0.4757   0.4757  98.20
  1,2,3,7,8-PeCDF 26.814     195742 1.60   1.1689       2.391       2.391   0.0241   0.0241  95.63
D 13C-2,3,4,7,8-PeCDF 28.290    6517835 1.60   1.3045   0.4403   0.4403  97.54
  2,3,4,7,8-PeCDF 28.324     195625 1.59   1.1861       2.530       2.530   0.0268   0.0268    101
S Total PeCDF       4.921       4.921   0.0255   0.0255

D 13C-1,2,3,7,8-PeCDD 29.087    4192143 1.62   0.8292        96.9        96.9   0.1985   0.1985  96.95
  1,2,3,7,8-PeCDD 29.112     116165 1.56   1.1200       2.474       2.474   0.0359   0.0359  98.97
S Total PeCDD       2.474       2.474   0.0359   0.0359

D 13C-1,2,3,4,7,8-HxCDF 34.576    6626281 0.54   1.1700       100.3       100.3   0.4879   0.4879    100
  1,2,3,4,7,8-HxCDF 34.602     215195 1.25   1.3021       2.494       2.494   0.0238   0.0238  99.76
D 13C-1,2,3,6,7,8-HxCDF 34.753    7476700 0.54   1.3168       100.5       100.5   0.4335   0.4335    101
  1,2,3,6,7,8-HxCDF 34.769     239982 1.24   1.2907       2.487       2.487   0.0209   0.0209  99.47
D 13C-2,3,4,6,7,8-HxCDF 35.608    7240856 0.54   1.2873        99.6        99.6   0.4434   0.4434  99.58
  2,3,4,6,7,8-HxCDF 35.625     232263 1.31   1.3039       2.460       2.460   0.0187   0.0187  98.40
D 13C-1,2,3,7,8,9-HxCDF 36.522    6704113 0.53   1.1987        99.0        99.0   0.4762   0.4762  99.01
  1,2,3,7,8,9-HxCDF 36.530     224956 1.31   1.3329       2.518       2.518   0.0187   0.0187    101
S Total HxCDF       9.958       9.958   0.0205   0.0205

* 13C-1,2,3,7,8,9-HxCDD 36.321    5648672 1.25  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.826    4566579 1.27   0.8364   0.2753   0.2753  98.00
  1,2,3,4,7,8-HxCDD 35.834     137541 1.26   1.1725       2.569       2.569   0.0222   0.0222    103
D 13C-1,2,3,6,7,8-HxCDD 35.943    5037671 1.28   0.9040        98.7        98.7   0.2397   0.2397  98.65
  1,2,3,6,7,8-HxCDD 35.960     142433 1.21   1.1256       2.512       2.512   0.0223   0.0223    100
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Report Date: 23-Oct-2019 11:52:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,7,8,9-HxCDD 36.337     147369 1.26   1.2327       2.373       2.373   0.0203   0.0203  94.93
S Total HxCDD       7.454       7.454   0.0216   0.0216

D 13C-1,2,3,4,6,7,8-HpCDF 38.353    5403412 0.46   0.9689        98.7        98.7   0.4307   0.4307  98.73
  1,2,3,4,6,7,8-HpCDF 38.370     215620 1.01   1.6176       2.467       2.467   0.0324   0.0324  98.67
D 13C-1,2,3,4,7,8,9-HpCDF 39.620    5120644 0.46   0.9231   0.3722   0.3722  99.46
  1,2,3,4,7,8,9-HpCDF 39.628     186889 1.01   1.4672       2.488       2.488   0.0352   0.0352  99.50
S Total HpCDF       4.954       4.954   0.0338   0.0338

D 13C-1,2,3,4,6,7,8-HpCDD 39.309    5085943 1.06   0.9114        98.8        98.8   0.5282   0.5282  98.79
  1,2,3,4,6,7,8-HpCDD 39.326     141914 1.08   1.1237       2.483       2.483   0.0215   0.0215  99.33
S Total HpCDD       2.483       2.483   0.0215   0.0215

D 13C-OCDD 41.748    6904214 0.89   0.6272       194.9       194.9   0.3497   0.3497  97.43
  OCDF 41.849     255207 0.94   1.5416       4.796       4.796   0.0305   0.0305  95.91
  OCDD 41.756     205114 0.88   1.1855       5.012       5.012   0.0269   0.0269    100

Reagents:
HRDXNL2_00027 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 11:52:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Lims ID: IC 2                     
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 18-Oct-2019 20:50:00 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-2 HRDXNL2_00027
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 11:52:49 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 21-Oct-2019 10:56:00

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 20.721 20.729    0    2332430     341583    408   1020    837
333.9338 20.721 20.729    0    2882403     442256    177    442   2499  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 19.761 19.762    0  0.954    3773732     577143    761   1902    758
317.9389 19.761 19.762    0  0.954    4566577     691228    349    872   1981  0.83(0.65-0.89)

2,3,7,8-TCDF
303.9016 19.787 19.792    0  1.001      24533       3942     16     40    246
305.8987 19.779 19.792   -1  1.001      27967       4235     48    120     88  0.88(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 21.084 21.094   -1  1.018    2276809     334683    408   1020    820
333.9338 21.093 21.094    0  1.018    2924275     420624    177    442   2376  0.78(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 21.102 21.121   -1  1.018      36152       5329     26     65    205

2,3,7,8-TCDD
319.8965 21.119 21.127    0  1.002      12729       2735     85    212     32
321.8936 21.119 21.127    0  1.002      17853       2744     11     27    249  0.71(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 26.789 26.797   -1  1.293    4287343     744278   1278   3195    582
353.8970 26.789 26.797   -1  1.293    2716990     469830    762   1905    617  1.58(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 26.814 26.821    0  1.001     120338      21488     46    115    467
341.8567 26.805 26.821   -1  1.001      75404      13244     91    227    146  1.60(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 28.290 28.297    0  1.365    4006334     658492   1278   3195    515
353.8970 28.290 28.297    0  1.365    2511501     416084    762   1905    546  1.60(1.32-1.78)
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Report Date: 23-Oct-2019 11:52:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,7,8-PeCDF
339.8597 28.324 28.322    0  1.001     119956      20023     46    115    435
341.8567 28.315 28.322    0  1.001      75669      11760     91    227    129  1.59(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 29.087 29.095    0  1.404    2591133     399747    292    730   1369
369.8919 29.087 29.095    0  1.404    1601010     247490    224    560   1105  1.62(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 29.112 29.120    0  1.001      70716      10901     74    185    147
357.8516 29.104 29.120   -1  1.001      45449       6815     30     75    227  1.56(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 34.576 34.589   -1  0.952    2310882     510770   1240   3100    412
385.8610 34.585 34.589    0  0.952    4315399     933183   2208   5520    423  0.54(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 34.602 34.608    0  1.001     119354      27646    106    265    261
375.8178 34.593 34.608   -1  1.000      95841      21007     73    182    288  1.25(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 34.753 34.759    0  0.957    2610690     575733   1240   3100    464
385.8610 34.753 34.759    0  0.957    4866010    1085181   2208   5520    491  0.54(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 34.769 34.777    0  1.000     132711      29089    106    265    274
375.8178 34.769 34.777    0  1.000     107271      22924     73    182    314  1.24(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 35.608 35.616    0  0.980    2527686     635424   1240   3100    512
385.8610 35.608 35.616    0  0.980    4713170    1193040   2208   5520    540  0.54(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 35.625 35.633    0  1.000     131571      32979    106    265    311
375.8178 35.625 35.633    0  1.000     100692      25013     73    182    343  1.31(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 36.522 36.530    0  1.006    2328325     629156   1240   3100    507
385.8610 36.522 36.530    0  1.006    4375788    1164414   2208   5520    527  0.53(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 36.530 36.544   -1  1.000     127416      35550    106    265    335
375.8178 36.530 36.544   -1  1.000      97540      26248     73    182    360  1.31(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 36.321 36.330   -1    3141731     834721    754   1885   1107
403.8529 36.321 36.330   -1    2506941     675393    555   1387   1217  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.826 35.836   -1  0.986    2557805     692789    754   1885    919
403.8529 35.826 35.836   -1  0.986    2008774     542841    555   1387    978  1.27(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.834 35.849   -1  1.000      76782      19814     71    177    279
391.8127 35.843 35.849    0  1.000      60759      16429     58    145    283  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.943 35.958   -1  0.990    2827451     720540    754   1885    956
403.8529 35.952 35.958    0  0.990    2210220     564498    555   1387   1017  1.28(1.05-1.43)
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Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDD
389.8158 35.960 35.973   -1  1.000      77990      20007     71    177    282
391.8127 35.960 35.973   -1  1.000      64443      16265     58    145    280  1.21(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 36.337 36.346    0  1.014      82206      22268     71    177    314
391.8127 36.337 36.346    0  1.014      65163      17463     58    145    301  1.26(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 38.353 38.366   -1  1.056    1710651     565452    843   2107    671
419.8220 38.353 38.366   -1  1.056    3692761    1211303   1678   4195    722  0.46(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 38.370 38.378    0  1.000     108579      36995    246    615    150
409.7788 38.370 38.378    0  1.000     107041      34760    127    317    274  1.01(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.620 39.629   -1  1.091    1621959     572337    843   2107    679
419.8220 39.620 39.629   -1  1.091    3498685    1234587   1678   4195    736  0.46(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.628 39.641   -1  1.000      93901      31909    246    615    130
409.7788 39.628 39.641   -1  1.000      92988      32754    127    317    258  1.01(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 39.309 39.324   -1  1.082    2619075     901093   1530   3825    589
437.8140 39.309 39.324   -1  1.082    2466868     839094   1378   3445    609  1.06(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 39.326 39.334    0  1.000      73750      24788    105    262    236
425.7737 39.326 39.334    0  1.000      68164      22857     63    157    363  1.08(0.88-1.20)

13C-OCDD
469.7780 41.748 41.764   -1  1.149    3249296    1049079    643   1607   1632
471.7750 41.748 41.764   -1  1.149    3654918    1160595    682   1705   1702  0.89(0.76-1.02)

OCDF
441.7428 41.849 41.858   -1  1.002     123705      41103     63    157    652
443.7399 41.849 41.858   -1  1.002     131502      42274    145    362    292  0.94(0.76-1.02)

OCDD
457.7377 41.756 41.772   -1  1.000      96117      29826     67    167    445
459.7348 41.756 41.772   -1  1.000     108997      35058     74    185    474  0.88(0.76-1.02)

Reagents:
HRDXNL2_00027 Amount Added:   1.00 Units: mL
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min
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X
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F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          19.79

18.13 20.8316.81 23.93

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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0
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21
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35
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49

Y
 ( 

X
10
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F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          19.78

19.9918.28

TCDF Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          19.76

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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X
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00
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F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          19.76

19.06
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Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

5

10

15

20

25

30

35
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Y
 ( 

X
10
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F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          19.79

18.13 20.8316.81 23.93

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0
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Y
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X
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F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          19.78

19.9918.28

TCDF Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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Y

F1:m/z     375.8364:SG5Pt_x1
24.01

19.51
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Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min
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15
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F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          21.12
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F1:m/z     321.8936:SG5Pt_x1
2,3,7,8-TCDD
          21.12

21.55 24.4520.43 22.9014.44 15.92 18.30 19.31 23.0517.19

TCDD Standards
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F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          20.72 13C-2,3,7,8-TCDD

          21.08

21.46

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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F1:m/z     333.9338:SG5Pt_x1
13C-1,2,3,4-TCDD
          20.72 13C-2,3,7,8-TCDD

          21.09

21.4621.6319.05

Page 1176 of 1734



Report Date: 23-Oct-2019 11:52:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min
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          21.10
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37Cl4-TCDD Standards
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13C-1,2,3,4-TCDD
          20.72 13C-2,3,7,8-TCDD

          21.08

21.46
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F1:m/z     333.9338:SG5Pt_x1

13C-1,2,3,4-TCDD
          20.72 13C-2,3,7,8-TCDD

          21.09

21.4621.6319.05
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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F1:m/z     339.8597:SG5Pt_x1

23.68
22.3519.6215.12 17.19

21.93
18.09

18.5114.15 21.5817.6416.35
20.30 22.9615.63 18.67 24.5314.70 18.82

24.23
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F1:m/z     341.8567:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1
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Y
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X
10

)

F1:m/z     339.8597:SG5Pt_x1

23.68
22.3519.6215.12 17.19

18.09
14.15 21.5817.6416.35

20.30 22.9615.63 18.67 24.5314.70 18.82

24.23

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min
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Y
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X
10

)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

18

20

22

24

26
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30

32

Y

F1:m/z     409.7974:SG5Pt_x1

24.3914.90

14.61

17.03
22.5520.68
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min
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Y
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F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          26.81 2,3,4,7,8-PeCDF

          28.32

27.07 28.6425.36
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F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
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PeCDF Standards
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Min
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F2:m/z     339.8597:SG5Pt_x1
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          26.81 2,3,4,7,8-PeCDF

          28.32

27.07 28.6425.36
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PeCDF Interference Mass
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Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min
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F2:m/z     355.8546:SG5Pt_x1
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          29.11
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PeCDD Standards
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          29.09
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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F3:m/z     373.8208:SG5Pt_x1
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1,2,3,6,7,8-HxCDF
          34.77
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31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)
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13C-1,2,3,7,8,9-HxCDF
          36.52
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Report Date: 23-Oct-2019 11:52:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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1,2,3,7,8,9-HxCDF
          36.53

1,2,3,6,7,8-HxCDF
          34.77
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F3:m/z     375.8178:SG5Pt_x1
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          36.53

1,2,3,6,7,8-HxCDF
          34.77

HxCDF Interference Mass
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34.7832.00 33.59 37.0333.03
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Report Date: 23-Oct-2019 11:52:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD
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Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
)
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          36.34
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F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.32
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Report Date: 23-Oct-2019 11:52:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF
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F4:m/z     407.7817:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          38.37 1,2,3,4,7,8,9-HpCDF

          39.63
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          39.62
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          38.35
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13C-1,2,3,4,7,8,9-HpCDF
          39.62

13C-1,2,3,4,6,7,8-HpCDF
          38.35
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Report Date: 23-Oct-2019 11:52:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF
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F4:m/z     407.7817:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          38.37

1,2,3,4,7,8,9-HpCDF
          39.63
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F4:m/z     409.7788:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          38.37 1,2,3,4,7,8,9-HpCDF

          39.63

HpCDF Interference Mass
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F4:m/z     479.7165:SG5Pt_x1
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Report Date: 23-Oct-2019 11:52:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD
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Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
)

F4:m/z     423.7767:SG5Pt_x1
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          39.33
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37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)
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F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          39.31
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Report Date: 23-Oct-2019 11:52:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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OCDF
  41.85

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.85
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40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)
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Report Date: 23-Oct-2019 11:52:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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OCDF Interference Mass
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Report Date: 23-Oct-2019 11:52:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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OCDD Standards
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Report Date: 23-Oct-2019 11:53:00 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:00 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_4.d
Injection Date: 18-Oct-2019 20:50:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Lims ID: IC 3                     
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 18-Oct-2019 21:38:00 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-3 HRDXNL3_00025
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 11:53:06 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 21-Oct-2019 10:55:21

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 20.738    5240455 0.81  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 19.769    8488555 0.81   1.6096       100.6       100.6   0.2243   0.2243    101
  2,3,7,8-TCDF 19.795     227226 0.83   1.2332       2.171       2.171   0.0166   0.0166    109
S Total TCDF       2.171       2.171   0.0166   0.0166

D 13C-2,3,7,8-TCDD 21.101    5074828 0.79   0.9984        97.0        97.0   0.1653   0.1653  97.00
$ 37Cl4-2,3,7,8-TCDD 21.127     150303   1.4510       1.977       1.977 0.008723 0.008723  98.84

  2,3,7,8-TCDD 21.144     132527 0.80   1.1988       2.178       2.178   0.0341   0.0341    109
S Total TCDD       2.178       2.178   0.0341   0.0341

D 13C-1,2,3,7,8-PeCDF 26.806    7003224 1.60   1.3678        97.7        97.7   0.4755   0.4755  97.70
  1,2,3,7,8-PeCDF 26.831     915403 1.62   1.1689        11.2        11.2   0.0604   0.0604    112
D 13C-2,3,4,7,8-PeCDF 28.307    6659419 1.60   1.3045        97.4        97.4   0.4986   0.4986  97.42
  2,3,4,7,8-PeCDF 28.324     863257 1.59   1.1861        10.9        10.9   0.0667   0.0667    109
S Total PeCDF        22.1        22.1   0.0636   0.0636

D 13C-1,2,3,7,8-PeCDD 29.104    4183753 1.57   0.8292        96.3        96.3   0.1818   0.1818  96.28
  1,2,3,7,8-PeCDD 29.137     518729 1.59   1.1200        11.1        11.1   0.0431   0.0431    111
S Total PeCDD        11.1        11.1   0.0431   0.0431

D 13C-1,2,3,4,7,8-HxCDF 34.602    6567672 0.53   1.1700        98.2        98.2   0.4830   0.4830  98.25
  1,2,3,4,7,8-HxCDF 34.618     931117 1.29   1.3021        10.9        10.9   0.0737   0.0737    109
D 13C-1,2,3,6,7,8-HxCDF 34.769    7372206 0.53   1.3168        98.0        98.0   0.4292   0.4292  97.99
  1,2,3,6,7,8-HxCDF 34.786    1038354 1.28   1.2907        10.9        10.9   0.0679   0.0679    109
D 13C-2,3,4,6,7,8-HxCDF 35.625    7214754 0.54   1.2873        98.1        98.1   0.4390   0.4390  98.09
  2,3,4,6,7,8-HxCDF 35.642    1032686 1.28   1.3039        11.0        11.0   0.0597   0.0597    110
D 13C-1,2,3,7,8,9-HxCDF 36.539    6740692 0.55   1.1987        98.4        98.4   0.4715   0.4715  98.42
  1,2,3,7,8,9-HxCDF 36.556     982394 1.25   1.3329        10.9        10.9   0.0571   0.0571    109
S Total HxCDF        43.7        43.7   0.0646   0.0646

* 13C-1,2,3,7,8,9-HxCDD 36.338    5713496 1.27  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.843    4646412 1.29   0.8364        97.2        97.2   0.2392   0.2392  97.23
  1,2,3,4,7,8-HxCDD 35.860     598181 1.24   1.1725        11.0        11.0   0.0390   0.0390    110
D 13C-1,2,3,6,7,8-HxCDD 35.969    5054298 1.27   0.9040        97.9        97.9   0.2213   0.2213  97.85
  1,2,3,6,7,8-HxCDD 35.985     623939 1.26   1.1256        11.0        11.0   0.0398   0.0398    110
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,7,8,9-HxCDD 36.354     676949 1.27   1.2327        11.3        11.3   0.0367   0.0367    113
S Total HxCDD        33.3        33.3   0.0385   0.0385

D 13C-1,2,3,4,6,7,8-HpCDF 38.378    5502512 0.46   0.9689        99.4        99.4   0.4246   0.4246  99.40
  1,2,3,4,6,7,8-HpCDF 38.386     972638 1.09   1.6176        10.9        10.9   0.0991   0.0991    109
D 13C-1,2,3,4,7,8,9-HpCDF 39.636    5244417 0.47   0.9231        99.4        99.4   0.4457   0.4457  99.44
  1,2,3,4,7,8,9-HpCDF 39.652     844812 1.07   1.4672        11.0        11.0   0.1079   0.1079    110
S Total HpCDF        21.9        21.9   0.1035   0.1035

D 13C-1,2,3,4,6,7,8-HpCDD 39.334    5179512 1.08   0.9114        99.5        99.5   0.5640   0.5640  99.47
  1,2,3,4,6,7,8-HpCDD 39.342     649996 1.06   1.1237        11.2        11.2   0.0551   0.0551    112
S Total HpCDD        11.2        11.2   0.0551   0.0551

D 13C-OCDD 41.771    7078418 0.90   0.6272       197.5       197.5   0.3496   0.3496  98.76
  OCDF 41.864    1156799 0.93   1.5416        21.2        21.2   0.0455   0.0455    106
  OCDD 41.780     921901 0.89   1.1855        22.0        22.0   0.0426   0.0426    110

Reagents:
HRDXNL3_00025 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Lims ID: IC 3                     
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 18-Oct-2019 21:38:00 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-3 HRDXNL3_00025
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 11:53:06 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 21-Oct-2019 10:55:21

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 20.738 20.729    1    2342233     362687    364    910    996
333.9338 20.738 20.729    1    2898222     443250    168    420   2638  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 19.769 19.762    0  0.953    3787153     607770    801   2002    759
317.9389 19.778 19.762    1  0.954    4701402     733356    363    907   2020  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 19.795 19.792    0  1.001     103271      16479     34     85    485
305.8987 19.795 19.792    0  1.001     123955      20292     76    190    267  0.83(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 21.101 21.094    0  1.018    2232936     335174    364    910    921
333.9338 21.101 21.094    0  1.018    2841892     427050    168    420   2542  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 21.127 21.121    0  1.019     150303      22097     41    102    539

2,3,7,8-TCDD
319.8965 21.144 21.127    1  1.002      59101       8539     86    215     99
321.8936 21.153 21.127    2  1.002      73426      10241     39     97    263  0.80(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 26.806 26.797    1  1.293    4307650     745786   1259   3147    592
353.8970 26.806 26.797    1  1.293    2695574     474180    838   2095    566  1.60(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 26.831 26.821    1  1.001     565972     100623    181    452    556
341.8567 26.831 26.821    1  1.001     349431      61275    164    410    374  1.62(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 28.307 28.297    1  1.365    4095602     669096   1259   3147    531
353.8970 28.307 28.297    1  1.365    2563817     419821    838   2095    501  1.60(1.32-1.78)
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,7,8-PeCDF
339.8597 28.324 28.322    0  1.001     529360      86387    181    452    477
341.8567 28.324 28.322    0  1.001     333897      54765    164    410    334  1.59(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 29.104 29.095    1  1.403    2557984     401357    316    790   1270
369.8919 29.104 29.095    1  1.403    1625769     250804    170    425   1475  1.57(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 29.137 29.120    1  1.001     318576      48749     94    235    519
357.8516 29.120 29.120    0  1.001     200153      31500     32     80    984  1.59(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 34.602 34.589    1  0.952    2287293     499296   1159   2897    431
385.8610 34.602 34.589    1  0.952    4280379     936053   2315   5787    404  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 34.618 34.608    1  1.000     525226     116203    307    767    379
375.8178 34.610 34.608    0  1.000     405891      90084    244    610    369  1.29(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 34.769 34.759    1  0.957    2564514     547763   1159   2897    473
385.8610 34.769 34.759    1  0.957    4807692    1024049   2315   5787    442  0.53(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 34.786 34.777    1  1.000     582299     129815    307    767    423
375.8178 34.786 34.777    1  1.000     456055     102662    244    610    421  1.28(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 35.625 35.616    1  0.980    2522803     625176   1159   2897    539
385.8610 35.625 35.616    1  0.980    4691951    1143970   2315   5787    494  0.54(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 35.642 35.633    1  1.000     578907     148873    307    767    485
375.8178 35.642 35.633    1  1.000     453779     115008    244    610    471  1.28(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 36.539 36.530    1  1.006    2381000     637870   1159   2897    550
385.8610 36.539 36.530    1  1.006    4359692    1170833   2315   5787    506  0.55(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 36.556 36.544    1  1.000     545566     144614    307    767    471
375.8178 36.547 36.544    0  1.000     436828     114679    244    610    470  1.25(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 36.338 36.330    0    3191648     859582    667   1667   1289
403.8529 36.338 36.330    0    2521848     677155    563   1407   1203  1.27(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.843 35.836    0  0.986    2614293     711756    667   1667   1067
403.8529 35.843 35.836    0  0.986    2032119     562142    563   1407    998  1.29(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.860 35.849    1  1.000     330545      91303    134    335    681
391.8127 35.860 35.849    1  1.000     267636      73381     99    247    741  1.24(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.969 35.958    1  0.990    2828060     731191    667   1667   1096
403.8529 35.969 35.958    1  0.990    2226238     566607    563   1407   1006  1.27(1.05-1.43)
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDD
389.8158 35.985 35.973    1  1.000     348034      89707    134    335    669
391.8127 35.985 35.973    1  1.000     275905      70079     99    247    708  1.26(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 36.354 36.346    1  1.014     378082      98544    134    335    735
391.8127 36.346 36.346    0  1.014     298867      75311     99    247    761  1.27(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 38.378 38.366    1  1.056    1725859     571937    931   2327    614
419.8220 38.378 38.366    1  1.056    3776653    1228221   1598   3995    769  0.46(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 38.386 38.378    0  1.000     507380     167564    651   1627    257
409.7788 38.386 38.378    0  1.000     465258     157978    503   1257    314  1.09(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.636 39.629    0  1.091    1667143     568059    931   2327    610
419.8220 39.636 39.629    0  1.091    3577274    1254583   1598   3995    785  0.47(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.652 39.641    1  1.000     435881     150364    651   1627    231
409.7788 39.644 39.641    0  1.000     408931     140488    503   1257    279  1.07(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 39.334 39.324    1  1.082    2689280     944815   1466   3665    644
437.8140 39.334 39.324    1  1.082    2490232     875238   1694   4235    517  1.08(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 39.342 39.334    0  1.000     334118     115856    240    600    483
425.7737 39.342 39.334    0  1.000     315878     109980    211    527    521  1.06(0.88-1.20)

13C-OCDD
469.7780 41.771 41.764    0  1.150    3343185    1050754    655   1637   1604
471.7750 41.771 41.764    0  1.150    3735233    1195319    693   1732   1725  0.90(0.76-1.02)

OCDF
441.7428 41.864 41.858    0  1.002     558541     180476    107    267   1687
443.7399 41.864 41.858    0  1.002     598258     196793    208    520    946  0.93(0.76-1.02)

OCDD
457.7377 41.780 41.772    0  1.000     434640     137224    127    317   1081
459.7348 41.780 41.772    0  1.000     487261     155348    100    250   1553  0.89(0.76-1.02)

Reagents:
HRDXNL3_00025 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          19.77

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

11

22

33

44

55

66

77

88

Y
 ( 

X
10

00
0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          19.78

20.2219.09
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

24.43

24.0414.31 17.92
24.5820.95

16.9615.03
22.35

19.96

15.15 19.08 23.32
15.24

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

4

7

10

13

16

19

22

25

28

31

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

23.43

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

18

20

22

24

26

28

30

32

34

Y

F1:m/z     409.7974:SG5Pt_x1

14.20

18.64
16.32

17.72
24.35

19.94
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          26.83 2,3,4,7,8-PeCDF

          28.32

27.41

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          26.83 2,3,4,7,8-PeCDF

          28.32

PeCDF Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          26.81

27.39

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          26.81

27.39
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          26.83

2,3,4,7,8-PeCDF
          28.32

27.41

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          26.83 2,3,4,7,8-PeCDF

          28.32

PeCDF Interference Mass

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

16

24

32

40

48

56

64

72

80

88

96

Y

F2:m/z     409.7974:SG5Pt_x1

25.77

27.07
26.15

28.6826.82 31.0030.0927.69
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          29.14

29.79

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          29.12

29.83

PeCDD Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          29.10

26.92

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          29.10

26.92 27.54 29.72
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Report Date: 23-Oct-2019 11:53:15 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          35.64

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          35.64

HxCDF Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          36.54

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          36.54
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Report Date: 23-Oct-2019 11:53:16 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          35.64

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          35.64

HxCDF Interference Mass

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

19

22

25

28

31

34

37

40

43

46

Y

F3:m/z     445.7555:SG5Pt_x1

34.68

32.09
35.42

32.7632.19
35.68
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Report Date: 23-Oct-2019 11:53:16 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F3:m/z     389.8158:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          36.35

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          36.35

HxCDD Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.34

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.34
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Report Date: 23-Oct-2019 11:53:16 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          38.39 1,2,3,4,7,8,9-HpCDF

          39.65

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          38.39 1,2,3,4,7,8,9-HpCDF

          39.64

HpCDF Standards

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          38.38

13C-1,2,3,4,7,8,9-HpCDF
          39.64

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.64

13C-1,2,3,4,6,7,8-HpCDF
          38.38
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Report Date: 23-Oct-2019 11:53:16 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          38.39 1,2,3,4,7,8,9-HpCDF

          39.65

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          38.39

1,2,3,4,7,8,9-HpCDF
          39.64

HpCDF Interference Mass

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

-1

7

15

23

31

39

47

55

63

71

79

Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1

39.17
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F4:m/z     423.7767:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          39.34

38.70

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          39.34

38.70

HpCDD Standards

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          39.33

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          39.33
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Report Date: 23-Oct-2019 11:53:16 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.86

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.86

OCDF Standards

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.77

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.77
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.86

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.86

OCDF Interference Mass

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1

44.48
43.0042.15

43.49

42.73

43.29
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:16 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:16 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_5.d
Injection Date: 18-Oct-2019 21:38:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:29 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Lims ID: IC 4                     
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 18-Oct-2019 22:26:00 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-4 HRDXNL4_00086
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 11:53:20 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 21-Oct-2019 10:53:05

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 20.720    5428040 0.83  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 19.752    8500696 0.80   1.6096        97.3        97.3   0.2298   0.2298  97.29
  2,3,7,8-TCDF 19.787    1022791 0.82   1.2332       9.756       9.756   0.0332   0.0332  97.56
S Total TCDF       9.756       9.756   0.0332   0.0332

D 13C-2,3,7,8-TCDD 21.084    5318631 0.79   0.9984        98.1        98.1   0.1830   0.1830  98.14
$ 37Cl4-2,3,7,8-TCDD 21.118     861567   1.4510        10.9        10.9   0.0119   0.0119    109

  2,3,7,8-TCDD 21.109     620273 0.83   1.1988       9.728       9.728   0.0401   0.0401  97.28
S Total TCDD       9.728       9.728   0.0401   0.0401

D 13C-1,2,3,7,8-PeCDF 26.780    7149905 1.60   1.3678        96.3        96.3   0.4948   0.4948  96.30
  1,2,3,7,8-PeCDF 26.805    4185351 1.60   1.1689        50.1        50.1   0.2162   0.2162    100
D 13C-2,3,4,7,8-PeCDF 28.281    7105616 1.59   1.3045       100.4       100.4   0.5188   0.5188    100
  2,3,4,7,8-PeCDF 28.306    3995881 1.60   1.1861        47.4        47.4   0.2284   0.2284  94.82
S Total PeCDF        97.5        97.5   0.2223   0.2223

D 13C-1,2,3,7,8-PeCDD 29.078    4325328 1.60   0.8292        96.1        96.1   0.2022   0.2022  96.10
  1,2,3,7,8-PeCDD 29.103    2385593 1.59   1.1200        49.2        49.2   0.0934   0.0934  98.49
S Total PeCDD        49.2        49.2   0.0934   0.0934

D 13C-1,2,3,4,7,8-HxCDF 34.575    7034054 0.54   1.1700        99.8        99.8   0.4752   0.4752  99.83
  1,2,3,4,7,8-HxCDF 34.591    4354560 1.26   1.3021        47.5        47.5   0.2762   0.2762  95.09
D 13C-1,2,3,6,7,8-HxCDF 34.743    7747256 0.54   1.3168        97.7        97.7   0.4222   0.4222  97.69
  1,2,3,6,7,8-HxCDF 34.768    4878178 1.28   1.2907        48.8        48.8   0.2625   0.2625  97.57
D 13C-2,3,4,6,7,8-HxCDF 35.607    7434381 0.54   1.2873        95.9        95.9   0.4319   0.4319  95.89
  2,3,4,6,7,8-HxCDF 35.623    4774247 1.26   1.3039        49.3        49.3   0.2327   0.2327  98.50
D 13C-1,2,3,7,8,9-HxCDF 36.521    7042762 0.54   1.1987        97.6        97.6   0.4638   0.4638  97.55
  1,2,3,7,8,9-HxCDF 36.529    4611955 1.27   1.3329        49.1        49.1   0.2243   0.2243  98.26
S Total HxCDF       194.7       194.7   0.2489   0.2489

* 13C-1,2,3,7,8,9-HxCDD 36.320    6022520 1.27  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.825    4935207 1.31   0.8364        98.0        98.0   0.2671   0.2671  97.98
  1,2,3,4,7,8-HxCDD 35.842    2765708 1.26   1.1725        47.8        47.8   0.1219   0.1219  95.59
D 13C-1,2,3,6,7,8-HxCDD 35.951    5259136 1.27   0.9040        96.6        96.6   0.2471   0.2471  96.59
  1,2,3,6,7,8-HxCDD 35.959    2902121 1.26   1.1256        49.0        49.0   0.1220   0.1220  98.05
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Report Date: 23-Oct-2019 11:53:29 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,7,8,9-HxCDD 36.336    3101840 1.26   1.2327        49.4        49.4   0.1136   0.1136  98.73
S Total HxCDD       146.2       146.2   0.1192   0.1192

D 13C-1,2,3,4,6,7,8-HpCDF 38.352    5481639 0.46   0.9689        93.9        93.9   0.4422   0.4422  93.94
  1,2,3,4,6,7,8-HpCDF 38.369    4368003 1.05   1.6176        49.3        49.3   0.4091   0.4091  98.52
D 13C-1,2,3,4,7,8,9-HpCDF 39.619    5294096 0.47   0.9231        95.2        95.2   0.4641   0.4641  95.23
  1,2,3,4,7,8,9-HpCDF 39.627    3686922 1.06   1.4672        47.5        47.5   0.4264   0.4264  94.93
S Total HpCDF        96.7        96.7   0.4178   0.4178

D 13C-1,2,3,4,6,7,8-HpCDD 39.317    5188334 1.06   0.9114        94.5        94.5   0.5111   0.5111  94.52
  1,2,3,4,6,7,8-HpCDD 39.325    2864412 1.06   1.1237        49.1        49.1   0.2232   0.2232  98.26
S Total HpCDD        49.1        49.1   0.2232   0.2232

D 13C-OCDD 41.756    6914737 0.90   0.6272       183.0       183.0   0.2991   0.2991  91.52
  OCDF 41.848    5158047 0.93   1.5416        96.8        96.8   0.1080   0.1080  96.78
  OCDD 41.764    3993320 0.91   1.1855        97.4        97.4   0.1176   0.1176  97.43

Reagents:
HRDXNL4_00086 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 11:53:29 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Lims ID: IC 4                     
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 18-Oct-2019 22:26:00 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-4 HRDXNL4_00086
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 11:53:20 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 21-Oct-2019 10:53:05

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 20.720 20.729   -1    2458672     368680    404   1010    913
333.9338 20.720 20.729   -1    2969368     452415    196    490   2308  0.83(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 19.752 19.762   -1  0.953    3787513     587843    820   2050    717
317.9389 19.752 19.762   -1  0.953    4713183     732837    395    987   1855  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 19.787 19.792    0  1.002     462094      72096     73    182    988
305.8987 19.787 19.792    0  1.002     560697      87256    143    357    610  0.82(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 21.084 21.094   -1  1.018    2347013     330490    404   1010    818
333.9338 21.084 21.094   -1  1.018    2971618     439082    196    490   2240  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 21.118 21.121    0  1.019     861567     123683     57    142   2170

2,3,7,8-TCDD
319.8965 21.109 21.127   -1  1.001     280694      40047    101    252    397
321.8936 21.127 21.127    0  1.002     339579      50685     47    117   1078  0.83(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 26.780 26.797   -1  1.292    4400350     762689   1355   3387    563
353.8970 26.780 26.797   -1  1.292    2749555     488239    868   2170    562  1.60(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 26.805 26.821   -1  1.001    2576390     446942    754   1885    593
341.8567 26.805 26.821   -1  1.001    1608961     281082    511   1277    550  1.60(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 28.281 28.297   -1  1.365    4365821     712333   1355   3387    526
353.8970 28.281 28.297   -1  1.365    2739795     454965    868   2170    524  1.59(1.32-1.78)
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Report Date: 23-Oct-2019 11:53:29 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,7,8-PeCDF
339.8597 28.306 28.322   -1  1.001    2458823     406314    754   1885    539
341.8567 28.306 28.322   -1  1.001    1537058     255298    511   1277    500  1.60(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 29.078 29.095   -1  1.403    2660670     425935    328    820   1299
369.8919 29.078 29.095   -1  1.403    1664658     252791    223    557   1134  1.60(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 29.103 29.120   -1  1.001    1464007     229244    179    447   1281
357.8516 29.103 29.120   -1  1.001     921586     144444    105    262   1376  1.59(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 34.575 34.589   -1  0.952    2476129     546232   1291   3227    423
385.8610 34.575 34.589   -1  0.952    4557925    1020709   2260   5650    452  0.54(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 34.591 34.608   -1  1.000    2431109     542218   1277   3192    425
375.8178 34.591 34.608   -1  1.000    1923451     430097    977   2442    440  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 34.743 34.759   -1  0.957    2705460     584406   1291   3227    453
385.8610 34.743 34.759   -1  0.957    5041796    1078938   2260   5650    477  0.54(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 34.768 34.777   -1  1.001    2735241     605217   1277   3192    474
375.8178 34.759 34.777   -1  1.000    2142937     468159    977   2442    479  1.28(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 35.607 35.616   -1  0.980    2607490     650614   1291   3227    504
385.8610 35.607 35.616   -1  0.980    4826891    1206432   2260   5650    534  0.54(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 35.623 35.633   -1  1.000    2660756     652561   1277   3192    511
375.8178 35.623 35.633   -1  1.000    2113491     519164    977   2442    531  1.26(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 36.521 36.530   -1  1.006    2478424     661077   1291   3227    512
385.8610 36.521 36.530   -1  1.006    4564338    1223564   2260   5650    541  0.54(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 36.529 36.544   -1  1.000    2581703     688459   1277   3192    539
375.8178 36.529 36.544   -1  1.000    2030252     541659    977   2442    554  1.27(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 36.320 36.330   -1    3370320     895035    813   2032   1101
403.8529 36.320 36.330   -1    2652200     701590    614   1535   1143  1.27(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.825 35.836   -1  0.986    2794515     726737    813   2032    894
403.8529 35.825 35.836   -1  0.986    2140692     568124    614   1535    925  1.31(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.842 35.849    0  1.000    1541718     408408    412   1030    991
391.8127 35.842 35.849    0  1.000    1223990     318932    328    820    972  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.951 35.958    0  0.990    2941554     750282    813   2032    923
403.8529 35.951 35.958    0  0.990    2317582     596940    614   1535    972  1.27(1.05-1.43)
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Report Date: 23-Oct-2019 11:53:29 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDD
389.8158 35.959 35.973   -1  1.000    1620295     423829    412   1030   1029
391.8127 35.959 35.973   -1  1.000    1281826     336735    328    820   1027  1.26(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 36.336 36.346   -1  1.014    1730466     445331    412   1030   1081
391.8127 36.336 36.346   -1  1.014    1371374     354452    328    820   1081  1.26(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 38.352 38.366   -1  1.056    1719339     561797   1020   2550    551
419.8220 38.352 38.366   -1  1.056    3762300    1186751   1716   4290    692  0.46(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 38.369 38.378   -1  1.000    2241970     724412   2430   6075    298
409.7788 38.369 38.378   -1  1.000    2126033     681123   2199   5497    310  1.05(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.619 39.629   -1  1.091    1680393     587565   1020   2550    576
419.8220 39.619 39.629   -1  1.091    3613703    1262068   1716   4290    735  0.47(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.627 39.641   -1  1.000    1898737     655953   2430   6075    270
409.7788 39.627 39.641   -1  1.000    1788185     627860   2199   5497    286  1.06(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 39.317 39.324    0  1.083    2670315     929805   1509   3772    616
437.8140 39.317 39.324    0  1.083    2518019     863340   1466   3665    589  1.06(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 39.325 39.334   -1  1.000    1476881     513311    898   2245    572
425.7737 39.325 39.334   -1  1.000    1387531     476679    901   2252    529  1.06(0.88-1.20)

13C-OCDD
469.7780 41.756 41.764    0  1.150    3274788    1054863    606   1515   1741
471.7750 41.756 41.764    0  1.150    3639949    1172435    592   1480   1980  0.90(0.76-1.02)

OCDF
441.7428 41.848 41.858   -1  1.002    2480266     807257    351    877   2300
443.7399 41.848 41.858   -1  1.002    2677781     865145    391    977   2213  0.93(0.76-1.02)

OCDD
457.7377 41.764 41.772    0  1.000    1898284     607657    292    730   2081
459.7348 41.764 41.772    0  1.000    2095036     672472    329    822   2044  0.91(0.76-1.02)

Reagents:
HRDXNL4_00086 Amount Added:   1.00 Units: mL
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          19.79

19.08

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          19.79

TCDF Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          19.75

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

11

22

33

44

55

66

77

88

Y
 ( 

X
10

00
0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          19.75

19.05
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          19.79

19.08

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          19.79

TCDF Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

180

190

200

210

220

230

240

Y
 ( 

X
0.

1)

F1:m/z     375.8364:SG5Pt_x1
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Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          21.11

21.44

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F1:m/z     321.8936:SG5Pt_x1
2,3,7,8-TCDD
          21.13

21.51

TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          20.72 13C-2,3,7,8-TCDD

          21.08

21.6519.05

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1
13C-1,2,3,4-TCDD
          20.72 13C-2,3,7,8-TCDD

          21.08

21.39
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Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          21.12

21.57 23.9716.95

37Cl4-TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          20.72

13C-2,3,7,8-TCDD
          21.08

21.6519.05

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1

13C-1,2,3,4-TCDD
          20.72 13C-2,3,7,8-TCDD

          21.08

21.39
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Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

3

5

7

9

11

13

15

17

19

21

23

25

27

29

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

24.05

16.98

19.35

23.56
16.02

20.4116.61 24.1314.18 14.94 18.51
19.65

24.4121.2017.0615.54
21.32 22.55 24.6414.49

17.12

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

2

7

12

17

22

27

32

37

42

47

52

57

62

67

72

77

82

87

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

24.02

16.98
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

4

7

10

13

16

19

22

25

28

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

24.05

16.98

19.35

23.56
16.02

20.41 24.1314.18 14.94 18.51
19.65

21.2017.06
21.32 22.55 24.6414.49

17.12

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

2

10

18

26

34

42

50

58

66

74

82

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

24.02

16.98

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

180

190

200

210

220

230

240

250

260

Y
 ( 

X
0.

1)

F1:m/z     409.7974:SG5Pt_x1

16.05
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Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          26.80 2,3,4,7,8-PeCDF

          28.31

27.40

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          26.80 2,3,4,7,8-PeCDF

          28.31

27.41

PeCDF Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          26.78

27.39

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          26.78

27.38
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          26.80 2,3,4,7,8-PeCDF

          28.31

27.40

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          26.80 2,3,4,7,8-PeCDF

          28.31

27.41

PeCDF Interference Mass

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

18

19

20

21

22

23

24

25

26

27

28

29

Y

F2:m/z     409.7974:SG5Pt_x1

31.4026.32

26.46
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Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          29.10

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          29.10

PeCDD Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          29.08

26.91

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          29.08

26.90
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          36.531,2,3,6,7,8-HxCDF

          34.77

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          36.531,2,3,6,7,8-HxCDF

          34.76

HxCDF Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          36.52

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          36.52
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          36.53

1,2,3,6,7,8-HxCDF
          34.77

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          36.53

1,2,3,6,7,8-HxCDF
          34.76

HxCDF Interference Mass

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

)

F3:m/z     445.7555:SG5Pt_x1 35.33

33.39

35.37 37.27
33.4332.09

34.78

Page 1234 of 1734



Report Date: 23-Oct-2019 11:53:30 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F3:m/z     389.8158:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          36.34

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          36.34

HxCDD Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.32

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.32
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Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:30 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:30 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:30 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:30 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:30 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:31 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:31 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_6.d
Injection Date: 18-Oct-2019 22:26:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 11:53:44 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Lims ID: IC 5                     
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 18-Oct-2019 23:14:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-5 HRDXNL5_00028
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 11:53:36 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 21-Oct-2019 10:56:59

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 20.725    5248442 0.79  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 19.757    8380142 0.81   1.6096        99.2        99.2   0.2162   0.2162  99.20
  2,3,7,8-TCDF 19.791    4117287 0.81   1.2332        39.8        39.8   0.0903   0.0903  99.60
S Total TCDF        39.8        39.8   0.0903   0.0903

D 13C-2,3,7,8-TCDD 21.097    5253288 0.79   0.9984       100.3       100.3   0.2001   0.2001    100
$ 37Cl4-2,3,7,8-TCDD 21.123    2971886   1.4510        39.0        39.0   0.0219   0.0219  97.56

  2,3,7,8-TCDD 21.123    2515247 0.79   1.1988        39.9        39.9   0.0668   0.0668  99.85
S Total TCDD        39.9        39.9   0.0668   0.0668

D 13C-1,2,3,7,8-PeCDF 26.804    7152089 1.59   1.3678        99.6        99.6   0.4826   0.4826  99.63
  1,2,3,7,8-PeCDF 26.820   16520730 1.59   1.1689       197.6       197.6   0.8104   0.8104  98.81
D 13C-2,3,4,7,8-PeCDF 28.297    6759066 1.60   1.3045        98.7        98.7   0.5060   0.5060  98.72
  2,3,4,7,8-PeCDF 28.322   16066504 1.57   1.1861       200.4       200.4   0.9189   0.9189    100
S Total PeCDF       398.0       398.0   0.8646   0.8646

D 13C-1,2,3,7,8-PeCDD 29.093    4400759 1.59   0.8292       101.1       101.1   0.2154   0.2154    101
  1,2,3,7,8-PeCDD 29.118    9715829 1.59   1.1200       197.1       197.1   0.2824   0.2824  98.56
S Total PeCDD       197.1       197.1   0.2824   0.2824

D 13C-1,2,3,4,7,8-HxCDF 34.592    6894093 0.55   1.1700       102.0       102.0   0.4538   0.4538    102
  1,2,3,4,7,8-HxCDF 34.608   17777367 1.26   1.3021       198.0       198.0    1.034    1.034  99.02
D 13C-1,2,3,6,7,8-HxCDF 34.759    7780881 0.54   1.3168       102.3       102.3   0.4032   0.4032    102
  1,2,3,6,7,8-HxCDF 34.776   19431932 1.26   1.2907       193.5       193.5   0.9419   0.9419  96.74
D 13C-2,3,4,6,7,8-HxCDF 35.615    7441472 0.55   1.2873       100.1       100.1   0.4124   0.4124    100
  2,3,4,6,7,8-HxCDF 35.632   18862486 1.25   1.3039       194.4       194.4   0.8487   0.8487  97.20
D 13C-1,2,3,7,8,9-HxCDF 36.529    6852734 0.54   1.1987        99.0        99.0   0.4429   0.4429  98.98
  1,2,3,7,8,9-HxCDF 36.546   17616763 1.27   1.3329       192.9       192.9   0.8385   0.8385  96.44
S Total HxCDF       778.8       778.8   0.9159   0.9159

* 13C-1,2,3,7,8,9-HxCDD 36.328    5775334 1.26  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.833    4830229 1.29   0.8364       100.0       100.0   0.2380   0.2380    100
  1,2,3,4,7,8-HxCDD 35.850   11153969 1.28   1.1725       196.9       196.9   0.3981   0.3981  98.47
D 13C-1,2,3,6,7,8-HxCDD 35.959    5261618 1.27   0.9040       100.8       100.8   0.2202   0.2202    101
  1,2,3,6,7,8-HxCDD 35.976   11661873 1.24   1.1256       196.9       196.9   0.3909   0.3909  98.46
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Report Date: 23-Oct-2019 11:53:44 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,7,8,9-HxCDD 36.345   12354108 1.24   1.2327       198.6       198.6   0.3675   0.3675  99.31
S Total HxCDD       592.5       592.5   0.3855   0.3855

D 13C-1,2,3,4,6,7,8-HpCDF 38.370    5634533 0.47   0.9689       100.7       100.7   0.3941   0.3941    101
  1,2,3,4,6,7,8-HpCDF 38.378   17615721 1.05   1.6176       193.3       193.3    1.306    1.306  96.63
D 13C-1,2,3,4,7,8,9-HpCDF 39.628    5307044 0.46   0.9231        99.5        99.5   0.4136   0.4136  99.55
  1,2,3,4,7,8,9-HpCDF 39.645   15315395 1.06   1.4672       196.7       196.7    1.454    1.454  98.34
S Total HpCDF       390.0       390.0    1.380    1.380

D 13C-1,2,3,4,6,7,8-HpCDD 39.326    5305866 1.07   0.9114       100.8       100.8   0.4728   0.4728    101
  1,2,3,4,6,7,8-HpCDD 39.334   11573871 1.05   1.1237       194.1       194.1   0.6793   0.6793  97.06
S Total HpCDD       194.1       194.1   0.6793   0.6793

D 13C-OCDD 41.764    7266166 0.90   0.6272       200.6       200.6   0.3194   0.3194    100
  OCDF 41.856   22094312 0.93   1.5416       394.5       394.5   0.3354   0.3354  98.62
  OCDD 41.772   16709340 0.91   1.1855       387.9       387.9   0.3808   0.3808  96.99

Reagents:
HRDXNL5_00028 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 11:53:44 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Lims ID: IC 5                     
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 18-Oct-2019 23:14:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-5 HRDXNL5_00028
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 11:53:36 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 21-Oct-2019 10:56:59

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 20.725 20.729    0    2316670     353709    439   1097    806
333.9338 20.725 20.729    0    2931772     446998    201    502   2224  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 19.757 19.762    0  0.953    3745076     587911    714   1785    823
317.9389 19.765 19.762    0  0.954    4635066     734626    401   1002   1832  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 19.791 19.792    0  1.002    1840943     291124    269    672   1082
305.8987 19.791 19.792    0  1.002    2276344     362083    320    800   1132  0.81(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 21.097 21.094    0  1.018    2311637     330579    439   1097    753
333.9338 21.106 21.094    1  1.018    2941651     437232    201    502   2175  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 21.123 21.121    0  1.019    2971886     444835    102    255   4361

2,3,7,8-TCDD
319.8965 21.123 21.127    0  1.001    1113687     167487    144    360   1163
321.8936 21.123 21.127    0  1.001    1401560     208185    102    255   2041  0.79(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 26.804 26.797    0  1.293    4392854     766867   1303   3257    589
353.8970 26.795 26.797    0  1.293    2759235     489050    811   2027    603  1.59(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 26.820 26.821    0  1.001   10134033    1796270   2875   7187    625
341.8567 26.820 26.821    0  1.001    6386697    1136638   1884   4710    603  1.59(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 28.297 28.297    0  1.365    4164180     676470   1303   3257    519
353.8970 28.297 28.297    0  1.365    2594886     415098    811   2027    512  1.60(1.32-1.78)
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Report Date: 23-Oct-2019 11:53:44 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,7,8-PeCDF
339.8597 28.322 28.322    0  1.001    9823641    1587031   2875   7187    552
341.8567 28.322 28.322    0  1.001    6242863    1003358   1884   4710    533  1.57(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 29.093 29.095    0  1.404    2700395     421157    337    842   1250
369.8919 29.093 29.095    0  1.404    1700364     271361    235    587   1155  1.59(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 29.118 29.120    0  1.001    5958663     906049    559   1397   1621
357.8516 29.118 29.120    0  1.001    3757166     572804    317    792   1807  1.59(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 34.592 34.589    0  0.952    2435943     544796   1143   2857    477
385.8610 34.592 34.589    0  0.952    4458150    1008259   2108   5270    478  0.55(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 34.608 34.608    0  1.000    9920121    2235944   4718  11795    474
375.8178 34.608 34.608    0  1.000    7857246    1772003   3649   9122    486  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 34.759 34.759    0  0.957    2726527     603175   1143   2857    528
385.8610 34.759 34.759    0  0.957    5054354    1117304   2108   5270    530  0.54(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 34.776 34.777    0  1.000   10845030    2353526   4718  11795    499
375.8178 34.776 34.777    0  1.000    8586902    1879458   3649   9122    515  1.26(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 35.615 35.616    0  0.980    2626917     670839   1143   2857    587
385.8610 35.615 35.616    0  0.980    4814555    1219387   2108   5270    578  0.55(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 35.632 35.633    0  1.000   10493146    2616048   4718  11795    554
375.8178 35.632 35.633    0  1.000    8369340    2104551   3649   9122    577  1.25(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 36.529 36.530    0  1.006    2390744     654091   1143   2857    572
385.8610 36.529 36.530    0  1.006    4461990    1217472   2108   5270    578  0.54(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 36.546 36.544    0  1.000    9864009    2685632   4718  11795    569
375.8178 36.546 36.544    0  1.000    7752754    2112230   3649   9122    579  1.27(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 36.328 36.330    0    3225063     862156    671   1677   1285
403.8529 36.328 36.330    0    2550271     668641    548   1370   1220  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.833 35.836    0  0.986    2718376     722822    671   1677   1077
403.8529 35.842 35.836    0  0.987    2111853     576022    548   1370   1051  1.29(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.850 35.849    0  1.000    6262073    1686648   1342   3355   1257
391.8127 35.850 35.849    0  1.000    4891896    1341253   1083   2707   1238  1.28(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.959 35.958    0  0.990    2940570     765608    671   1677   1141
403.8529 35.959 35.958    0  0.990    2321048     611989    548   1370   1117  1.27(1.05-1.43)
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Report Date: 23-Oct-2019 11:53:44 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDD
389.8158 35.976 35.973    0  1.000    6444182    1712991   1342   3355   1276
391.8127 35.976 35.973    0  1.000    5217691    1365104   1083   2707   1260  1.24(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 36.345 36.346    0  1.014    6836983    1856188   1342   3355   1383
391.8127 36.345 36.346    0  1.014    5517125    1487212   1083   2707   1373  1.24(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 38.370 38.366    0  1.056    1789695     589686    826   2065    714
419.8220 38.370 38.366    0  1.056    3844838    1265314   1512   3780    837  0.47(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 38.378 38.378    0  1.000    9042336    2975184   8174  20435    364
409.7788 38.378 38.378    0  1.000    8573385    2837625   7503  18757    378  1.05(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.628 39.629    0  1.091    1677965     582370    826   2065    705
419.8220 39.628 39.629    0  1.091    3629079    1254142   1512   3780    829  0.46(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.645 39.641    0  1.000    7866409    2737221   8174  20435    335
409.7788 39.645 39.641    0  1.000    7448986    2556500   7503  18757    341  1.06(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 39.326 39.324    0  1.083    2737465     961359   1371   3427    701
437.8140 39.326 39.324    0  1.083    2568401     890692   1268   3170    702  1.07(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 39.334 39.334    0  1.000    5934661    2047492   2881   7202    711
425.7737 39.334 39.334    0  1.000    5639210    1963631   2774   6935    708  1.05(0.88-1.20)

13C-OCDD
469.7780 41.764 41.764    0  1.150    3443965    1117893    628   1570   1780
471.7750 41.764 41.764    0  1.150    3822201    1244463    599   1497   2078  0.90(0.76-1.02)

OCDF
441.7428 41.856 41.858    0  1.002   10620560    3404289   1142   2855   2981
443.7399 41.856 41.858    0  1.002   11473752    3696493   1301   3252   2841  0.93(0.76-1.02)

OCDD
457.7377 41.772 41.772    0  1.000    7940615    2583043    989   2472   2612
459.7348 41.772 41.772    0  1.000    8768725    2848645   1144   2860   2490  0.91(0.76-1.02)

Reagents:
HRDXNL5_00028 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 11:53:44 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 23-Oct-2019 11:53:44 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 23-Oct-2019 11:53:44 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 23-Oct-2019 11:53:44 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 23-Oct-2019 11:53:45 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 23-Oct-2019 11:53:45 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 23-Oct-2019 11:53:45 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 23-Oct-2019 11:53:45 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          26.82

2,3,4,7,8-PeCDF
          28.32

27.42

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          26.82

2,3,4,7,8-PeCDF
          28.32

27.42

PeCDF Interference Mass

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

18

21

24

27

30

33

36

39

42

45

48

51

Y

F2:m/z     409.7974:SG5Pt_x1

25.06

29.2825.27

30.5428.8827.6325.54

Page 1256 of 1734



Report Date: 23-Oct-2019 11:53:45 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento
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Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          29.12

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          29.12

27.27

PeCDD Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          29.09

26.90

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
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0
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10
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20
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Y
 ( 

X
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00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          29.09

26.90
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          36.551,2,3,6,7,8-HxCDF

          34.78

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

4

8

12
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20

24

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          36.551,2,3,6,7,8-HxCDF

          34.78

HxCDF Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
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0
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X
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F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          36.53

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
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8

10
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X
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)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          36.53
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          36.55

1,2,3,6,7,8-HxCDF
          34.78

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          36.55

1,2,3,6,7,8-HxCDF
          34.78

HxCDF Interference Mass

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

18

26

34

42

50

58

66

74

82

90

98

106

Y

F3:m/z     445.7555:SG5Pt_x1
36.37

31.96
36.4733.82 34.80 36.17
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Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F3:m/z     389.8158:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          36.34

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

)

F3:m/z     391.8127:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          36.34

HxCDD Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min
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8
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Y
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X
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)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.33

36.58
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F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.33
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F4:m/z     407.7817:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          38.38 1,2,3,4,7,8,9-HpCDF

          39.64

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

)

F4:m/z     409.7788:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          38.38 1,2,3,4,7,8,9-HpCDF

          39.64

HpCDF Standards

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          38.37

13C-1,2,3,4,7,8,9-HpCDF
          39.63

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

14
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Y
 ( 

X
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00
00

)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          38.37

13C-1,2,3,4,7,8,9-HpCDF
          39.63
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
00

)

F4:m/z     407.7817:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          38.38 1,2,3,4,7,8,9-HpCDF

          39.64

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

-1

3

7

11

15

19

23

27

31

35

Y
 ( 

X
10

00
00

)

F4:m/z     409.7788:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          38.38 1,2,3,4,7,8,9-HpCDF

          39.64

HpCDF Interference Mass

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

1

7

13

19

25

31

37

43

49

55

61

67

Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_7.d
Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F4:m/z     423.7767:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          39.33

38.70

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          39.33

38.70

HpCDD Standards

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          39.33

38.69

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

Y
 ( 

X
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00
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)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          39.33

38.69
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Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.86

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

6

12

18

24
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36
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Y
 ( 

X
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00
00

)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.86

OCDF Standards

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

2

4

6

8

10

12
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Y
 ( 

X
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00
00

)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.76

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0
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4

6

8
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Y
 ( 

X
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)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.76

Page 1264 of 1734



Report Date: 23-Oct-2019 11:53:45 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento
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Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.86

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

4

8

12

16

20

24

28

32
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40
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Y
 ( 

X
10

00
00

)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.86

OCDF Interference Mass

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1
44.76

41.78
44.04

43.38
42.5941.59

44.1843.51 43.85
44.39

44.86
44.60

41.18
42.73
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Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.77

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0
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Y
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X
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00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.77

OCDD Standards

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0
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12
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Y
 ( 

X
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00
00

)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.76

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
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F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.76
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Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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26

39

52
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F1:m/z     304.9817:SG5Pt_x1
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13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1
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F3:m/z     380.9753:SG5Pt_x1
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F4:m/z     430.9723:SG5Pt_x1
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Injection Date: 18-Oct-2019 23:14:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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Report Date: 23-Oct-2019 11:53:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Lims ID: IC 6                     
Client ID:
Sample Type: IC Calib Level: 6
Inject. Date: 19-Oct-2019 00:02:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-6 HRDXNL6_00024
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 11:53:50 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 21-Oct-2019 17:40:49

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 20.740    5083915 0.80  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 19.772    8470716 0.81   1.6096       103.5       103.5   0.2149   0.2149    104
  2,3,7,8-TCDF 19.798   19267770 0.82   1.2332       184.4       184.4   0.3446   0.3446  92.22
S Total TCDF       184.4       184.4   0.3446   0.3446

D 13C-2,3,7,8-TCDD 21.103    5315007 0.80   0.9984       104.7       104.7   0.1824   0.1824    105
$ 37Cl4-2,3,7,8-TCDD 21.137   14554194   1.4510       197.3       197.3   0.0648   0.0648  98.65

  2,3,7,8-TCDD 21.137   12215535 0.80   1.1988       191.7       191.7   0.2108   0.2108  95.86
S Total TCDD       191.7       191.7   0.2108   0.2108

D 13C-1,2,3,7,8-PeCDF 26.808    7521267 1.58   1.3678       108.2       108.2   0.4401   0.4401    108
  1,2,3,7,8-PeCDF 26.833   82272798 1.62   1.1689       935.8       935.8    3.041    3.041  93.58
D 13C-2,3,4,7,8-PeCDF 28.309    7142216 1.57   1.3045       107.7       107.7   0.4615   0.4615    108
  2,3,4,7,8-PeCDF 28.334   80029996 1.61   1.1861       944.7       944.7    3.489    3.489  94.47
S Total PeCDF      1880.5      1880.5    3.265    3.265

D 13C-1,2,3,7,8-PeCDD 29.114    4618561 1.59   0.8292       109.6       109.6   0.1796   0.1796    110
  1,2,3,7,8-PeCDD 29.131   48247060 1.58   1.1200       932.7       932.7    1.017    1.017  93.27
S Total PeCDD       932.7       932.7    1.017    1.017

D 13C-1,2,3,4,7,8-HxCDF 34.602    6640749 0.53   1.1700        99.6        99.6   0.4076   0.4076  99.64
  1,2,3,4,7,8-HxCDF 34.619   84101340 1.30   1.3021       972.6       972.6    4.368    4.368  97.26
D 13C-1,2,3,6,7,8-HxCDF 34.770    7611761 0.54   1.3168       101.5       101.5   0.3621   0.3621    101
  1,2,3,6,7,8-HxCDF 34.787   95400318 1.29   1.2907       971.0       971.0    3.790    3.790  97.10
D 13C-2,3,4,6,7,8-HxCDF 35.625    7799209 0.54   1.2873       106.4       106.4   0.3704   0.3704    106
  2,3,4,6,7,8-HxCDF 35.642   97753005 1.28   1.3039       961.2       961.2    3.272    3.272  96.12
D 13C-1,2,3,7,8,9-HxCDF 36.540    7241212 0.53   1.1987       106.0       106.0   0.3978   0.3978    106
  1,2,3,7,8,9-HxCDF 36.556   91937678 1.29   1.3329       952.6       952.6    3.130    3.130  95.26
S Total HxCDF      3857.4      3857.4    3.640    3.640

* 13C-1,2,3,7,8,9-HxCDD 36.347    5696648 1.25  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.852    5151852 1.28   0.8364       108.1       108.1   0.2195   0.2195    108
  1,2,3,4,7,8-HxCDD 35.860   56405618 1.29   1.1725       933.8       933.8    1.542    1.542  93.38
D 13C-1,2,3,6,7,8-HxCDD 35.969    5465550 1.27   0.9040       106.1       106.1   0.2031   0.2031    106
  1,2,3,6,7,8-HxCDD 35.986   57425910 1.25   1.1256       933.5       933.5    1.493    1.493  93.35
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Report Date: 23-Oct-2019 11:53:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,7,8,9-HxCDD 36.355   58343908 1.26   1.2327       891.6       891.6    1.413    1.413  89.16
S Total HxCDD      2758.8      2758.8    1.483    1.483

D 13C-1,2,3,4,6,7,8-HpCDF 38.379    5918544 0.45   0.9689       107.2       107.2   0.4047   0.4047    107
  1,2,3,4,6,7,8-HpCDF 38.387   92770691 1.06   1.6176       969.0       969.0    4.225    4.225  96.90
D 13C-1,2,3,4,7,8,9-HpCDF 39.645    5657300 0.46   0.9231       107.6       107.6   0.4248   0.4248    108
  1,2,3,4,7,8,9-HpCDF 39.654   80874831 1.06   1.4672       974.3       974.3    4.553    4.553  97.43
S Total HpCDF      1943.3      1943.3    4.389    4.389

D 13C-1,2,3,4,6,7,8-HpCDD 39.335    5525128 1.08   0.9114       106.4       106.4   0.3629   0.3629    106
  1,2,3,4,6,7,8-HpCDD 39.343   58157652 1.05   1.1237       936.7       936.7    2.300    2.300  93.67
S Total HpCDD       936.7       936.7    2.300    2.300

D 13C-OCDD 41.781    8003485 0.92   0.6272       224.0       224.0   0.3136   0.3136    112
  OCDF 41.873  126690658 0.92   1.5416      2053.6      2053.6    1.198    1.198    103
  OCDD 41.789   90601717 0.89   1.1855      1909.8      1909.8    1.347    1.347  95.49

Reagents:
HRDXNL6_00024 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 11:53:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Lims ID: IC 6                     
Client ID:
Sample Type: IC Calib Level: 6
Inject. Date: 19-Oct-2019 00:02:00 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-6 HRDXNL6_00024
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 11:53:50 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 21-Oct-2019 17:40:49

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 20.740 20.729    1    2259385     344493    403   1007    855
333.9338 20.740 20.729    1    2824530     432419    163    407   2653  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 19.772 19.762    1  0.953    3796860     611004    675   1687    905
317.9389 19.772 19.762    1  0.953    4673856     746729    400   1000   1867  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 19.798 19.792    0  1.001    8696684    1379157    973   2432   1417
305.8987 19.798 19.792    0  1.001   10571086    1676527   1335   3337   1256  0.82(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 21.103 21.094    1  1.017    2365706     335856    403   1007    833
333.9338 21.103 21.094    1  1.017    2949301     420695    163    407   2581  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 21.137 21.121    1  1.019   14554194    2104385    292    730   7207

2,3,7,8-TCDD
319.8965 21.137 21.127    1  1.002    5420413     792143    389    972   2036
321.8936 21.137 21.127    1  1.002    6795122     979848    376    940   2606  0.80(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 26.808 26.797    1  1.293    4607592     838368   1112   2780    754
353.8970 26.808 26.797    1  1.293    2913675     514881    759   1897    678  1.58(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 26.833 26.821    1  1.001   50872924    9200648  11848  29620    777
341.8567 26.825 26.821    0  1.001   31399874    5635533   7392  18480    762  1.62(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 28.309 28.297    1  1.365    4366405     708744   1112   2780    637
353.8970 28.309 28.297    1  1.365    2775811     453627    759   1897    598  1.57(1.32-1.78)
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Report Date: 23-Oct-2019 11:53:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,7,8-PeCDF
339.8597 28.334 28.322    1  1.001   49389396    8471953  11848  29620    715
341.8567 28.326 28.322    0  1.001   30640600    5229032   7392  18480    707  1.61(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 29.114 29.095    1  1.404    2838334     437000    285    712   1533
369.8919 29.106 29.095    1  1.403    1780227     276864    178    445   1555  1.59(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 29.131 29.120    1  1.001   29534522    4700195   2012   5030   2336
357.8516 29.131 29.120    1  1.001   18712538    2944261   1240   3100   2374  1.58(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 34.602 34.589    1  0.952    2307051     500514    988   2470    507
385.8610 34.602 34.589    1  0.952    4333698     940488   1819   4547    517  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 34.619 34.608    1  1.000   47510485   11145070  18256  45640    610
375.8178 34.619 34.608    1  1.000   36590855    8510188  14529  36322    586  1.30(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 34.770 34.759    1  0.957    2664707     591644    988   2470    599
385.8610 34.770 34.759    1  0.957    4947054    1083875   1819   4547    596  0.54(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 34.787 34.777    1  1.000   53720953   12443285  18256  45640    682
375.8178 34.787 34.777    1  1.000   41679365    9671468  14529  36322    666  1.29(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 35.625 35.616    1  0.980    2738742     671842    988   2470    680
385.8610 35.625 35.616    1  0.980    5060467    1249481   1819   4547    687  0.54(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 35.642 35.633    1  1.000   54967446   14288389  18256  45640    783
375.8178 35.642 35.633    1  1.000   42785559   11036493  14529  36322    760  1.28(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 36.540 36.530    1  1.005    2514599     684333    988   2470    693
385.8610 36.540 36.530    1  1.005    4726613    1280172   1819   4547    704  0.53(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 36.556 36.544    1  1.000   51850955   14775669  18256  45640    809
375.8178 36.556 36.544    1  1.000   40086723   11367890  14529  36322    782  1.29(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 36.347 36.330    1    3170282     825976    595   1487   1388
403.8529 36.347 36.330    1    2526366     645573    486   1215   1328  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.852 35.836    1  0.986    2890580     754197    595   1487   1268
403.8529 35.852 35.836    1  0.986    2261272     588543    486   1215   1211  1.28(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.860 35.849    1  1.000   31767693    8515381   5443  13607   1564
391.8127 35.860 35.849    1  1.000   24637925    6691585   4267  10667   1568  1.29(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.969 35.958    1  0.990    3062543     814940    595   1487   1370
403.8529 35.969 35.958    1  0.990    2403007     629220    486   1215   1295  1.27(1.05-1.43)
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Report Date: 23-Oct-2019 11:53:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDD
389.8158 35.986 35.973    1  1.000   31924801    8685100   5443  13607   1596
391.8127 35.986 35.973    1  1.000   25501109    6772489   4267  10667   1587  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 36.355 36.346    1  1.014   32579963    8915051   5443  13607   1638
391.8127 36.355 36.346    1  1.014   25763945    7046610   4267  10667   1651  1.26(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8250 38.379 38.366    1  1.056    1846459     613799    843   2107    728
419.8220 38.379 38.366    1  1.056    4072085    1364869   1465   3662    932  0.45(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 38.387 38.378    1  1.000   47691011   16392170  27674  69185    592
409.7788 38.387 38.378    1  1.000   45079680   15569973  26421  66052    589  1.06(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.645 39.629    1  1.091    1781832     639797    843   2107    759
419.8220 39.645 39.629    1  1.091    3875468    1384800   1465   3662    945  0.46(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.654 39.641    1  1.000   41678777   15630703  27674  69185    565
409.7788 39.654 39.641    1  1.000   39196054   14512252  26421  66052    549  1.06(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 39.335 39.324    1  1.082    2867480     992530    960   2400   1034
437.8140 39.335 39.324    1  1.082    2657648     927944    987   2467    940  1.08(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7767 39.343 39.334    1  1.000   29774353   10648349  10212  25530   1043
425.7737 39.343 39.334    1  1.000   28383299   10247559   9644  24110   1063  1.05(0.88-1.20)

13C-OCDD
469.7780 41.781 41.764    1  1.150    3838450    1238504    568   1420   2180
471.7750 41.781 41.764    1  1.150    4165035    1358033    590   1475   2302  0.92(0.76-1.02)

OCDF
441.7428 41.873 41.858    1  1.002   60560128   20848165   4554  11385   4578
443.7399 41.873 41.858    1  1.002   66130530   22794365   5038  12595   4524  0.92(0.76-1.02)

OCDD
457.7377 41.789 41.772    1  1.000   42637598   14478599   3986   9965   3632
459.7348 41.789 41.772    1  1.000   47964119   16303594   4308  10770   3784  0.89(0.76-1.02)

Reagents:
HRDXNL6_00024 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 11:53:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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          19.77

19.05
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Report Date: 23-Oct-2019 11:53:58 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          19.80

19.10

TCDF Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

)

F1:m/z     375.8364:SG5Pt_x1

24.12

16.79

24.16
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Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

12

24

36

48

60

72

84

96

Y
 ( 

X
10

00
0)

F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          21.14

Non-2,3,7,8-sub-TCDD
          19.11

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     321.8936:SG5Pt_x1
2,3,7,8-TCDD
          21.14

Non-2,3,7,8-sub-TCDD
          19.13

TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          20.74 13C-2,3,7,8-TCDD

          21.10

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1
13C-1,2,3,4-TCDD
          20.74 13C-2,3,7,8-TCDD

          21.10

21.59
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          21.14

37Cl4-TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          20.74 13C-2,3,7,8-TCDD

          21.10

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1

13C-1,2,3,4-TCDD
          20.74 13C-2,3,7,8-TCDD

          21.10

21.59
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

3

5

7

9

11

13

15

17

19

21

23

25

27

29

31

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

23.96

24.05

16.98

14.68
21.2815.68

21.8520.22

18.25 19.66

22.58
17.05

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

5

9

13

17

21

25

29

33

37

41

45

49

53

57

61

65

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

16.96
F1 PeCDFs
  23.79
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

4

7

10

13

16

19

22

25

28

31

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

23.96

24.05
16.98

14.68
21.2815.68

20.22 22.28
18.25

22.58
17.05

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

7

13

19

25

31

37

43

49

55

61

67

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

16.96 F1 PeCDFs
  23.79

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

18

20

22

24

26

28

30

32

34

36

38

Y

F1:m/z     409.7974:SG5Pt_x1 18.53

20.69

16.70

24.50

17.4515.96
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Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          26.83 2,3,4,7,8-PeCDF

          28.33

27.42

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          26.82 2,3,4,7,8-PeCDF

          28.33

27.42

PeCDF Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          26.81

27.39

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          26.81

27.40
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          26.83 2,3,4,7,8-PeCDF

          28.33

27.42

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          26.82 2,3,4,7,8-PeCDF

          28.33

27.42

PeCDF Interference Mass

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

19

21

23

25

27

29

31

33

35

37

Y

F2:m/z     409.7974:SG5Pt_x1
28.35

29.60

30.37
29.17

30.16

25.00
31.40

30.56
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Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          29.13

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          29.13

PeCDD Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          29.11

26.93

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          29.11

27.19
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          36.56

1,2,3,6,7,8-HxCDF
          34.79

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          36.561,2,3,6,7,8-HxCDF

          34.79

HxCDF Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          36.54

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          36.54
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          36.56

1,2,3,6,7,8-HxCDF
          34.79

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          36.56

1,2,3,6,7,8-HxCDF
          34.79

HxCDF Interference Mass

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

)

F3:m/z     445.7555:SG5Pt_x1

32.16

36.68

37.2434.62
34.74 36.23 36.7235.6432.97 34.22
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F3:m/z     389.8158:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          36.36

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
00

)

F3:m/z     391.8127:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          36.36

HxCDD Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

13

26

39

52

65

78

91

Y
 ( 

X
10

00
0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.35

36.56

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.35
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7817:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          38.39 1,2,3,4,7,8,9-HpCDF

          39.65

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7788:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          38.39 1,2,3,4,7,8,9-HpCDF

          39.65

HpCDF Standards

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.65

13C-1,2,3,4,6,7,8-HpCDF
          38.38

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.65

13C-1,2,3,4,6,7,8-HpCDF
          38.38
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7817:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          38.39 1,2,3,4,7,8,9-HpCDF

          39.65

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

-1

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7788:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          38.39 1,2,3,4,7,8,9-HpCDF

          39.65

HpCDF Interference Mass

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

1

8

15

22

29

36

43

50

57

64

71

78

Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 23-Oct-2019 11:53:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F4:m/z     423.7767:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          39.34

38.71

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          39.34

38.71

HpCDD Standards

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          39.33

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          39.33

38.69
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Report Date: 23-Oct-2019 11:53:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.87

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.87

OCDF Standards

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.78

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.78
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Report Date: 23-Oct-2019 11:53:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.87

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.87

OCDF Interference Mass

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

-2

5

12

19

26

33

40

47

54

61

68

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1

44.40

43.82
41.81

44.55
41.18

41.85
42.34 43.23
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Report Date: 23-Oct-2019 11:53:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.79

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.79

OCDD Standards

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.78

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.78
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Report Date: 23-Oct-2019 11:53:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1
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Report Date: 23-Oct-2019 11:53:59 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d
Injection Date: 19-Oct-2019 00:02:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56911-1

ID: 0.32(mm)

CPS 320-312067/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-225

11D2

08/02/2019  01:35

ANALYTE RT RESOLUTION (%)

 16.642,3,7,8-TCDF 13

FORM VI 1613B
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Instrument ID: 11D2
Lims ID: CPS                      
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-225 ( 0.32 mm)
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDF

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  944750
H (Peak Height)  =  7515097

%R =    13  <=     25
Passed

16.3 16.5 16.7 16.9 17.1
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

 16.636

V

H
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Instrument ID: 11D2
Lims ID: CPS                      
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-225 ( 0.32 mm)
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56911-1

ID: 0.32(mm)

WDM 320-332505/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-5

DFS 1

10/18/2019  19:15

ANALYTE RT RESOLUTION (%)

 21.222,3,7,8-TCDD 17

FORM VI 1613B
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Instrument ID: DFS 1
Lims ID: WDM                      
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Column: DB-5 ( 0.32 mm)
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDD

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  25043
H (Peak Height)  =  149721

%R =    17  <=     25
Passed

20.7 20.9 21.1 21.3 21.5 21.7
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     321.8936:SG5Pt_x1

 21.010

 21.218  21.512

V

H
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56911-1

ID: 0.32(mm)

WDM 320-338471/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-5

10D5

11/14/2019  08:14

ANALYTE RT RESOLUTION (%)

 17.742,3,7,8-TCDD 22

FORM VI 1613B
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Instrument ID: 10D5
Lims ID: WDM                      
Client ID:
Operator ID:  SMA ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-5 ( 0.32 mm)
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDD

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  1593707
H (Peak Height)  =  7323313

%R =    22  <=     25
Passed

17.5 17.7 17.9 18.1 18.3
Min

0

6

12

18

24

30

36

42

48

54

60

66

72

78

84

Y
 ( 

X
10

00
00

)

F1:m/z     321.8936:SG5Pt_x1

 17.638

 17.744
 17.910

V

H
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56911-1

ID: 0.32(mm)

WDM 320-345335/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-5

10D5

12/13/2019  11:08

ANALYTE RT RESOLUTION (%)

 18.072,3,7,8-TCDD 22

FORM VI 1613B
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Instrument ID: 10D5
Lims ID: WDM                      
Client ID:
Operator ID:  AJS ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-5 ( 0.32 mm)
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDD

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  686604
H (Peak Height)  =  3162927

%R =    22  <=     25
Passed

17.7 17.9 18.1 18.3 18.5
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

Y
 ( 

X
10

00
00

)

F1:m/z     321.8936:SG5Pt_x1

 17.962

 18.067  18.234

V

H
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56911-1

ID: 0.32(mm)

WDM 320-345338/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-5

DFS 1

12/13/2019  12:37

ANALYTE RT RESOLUTION (%)

 19.942,3,7,8-TCDD 18

FORM VI 1613B
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Instrument ID: DFS 1
Lims ID: WDM                      
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Column: DB-5 ( 0.32 mm)
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDD

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  43932
H (Peak Height)  =  250131

%R =    18  <=     25
Passed

19.5 19.7 19.9 20.1 20.3 20.5
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

26

28

Y
 ( 

X
10

00
0)

F1:m/z     321.8936:SG5Pt_x1

 19.754

 19.944  20.212

V

H
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56911-1

ID: 0.32(mm)

CPS 320-345960/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-225

11D2

12/16/2019  19:16

ANALYTE RT RESOLUTION (%)

 16.582,3,7,8-TCDF 20

FORM VI 1613B
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Report Date: 17-Dec-2019 09:38:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_001.d
Injection Date: 16-Dec-2019 19:16:59 Instrument ID: 11D2
Lims ID: CPS                      
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-225 ( 0.32 mm)
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDF

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  1106581
H (Peak Height)  =  5516218

%R =    20  <=     25
Passed

16.2 16.4 16.6 16.8 17.0
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

56

60

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

 16.581

V

H
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56911-1

ID: 0.32(mm)

CPS 320-346137/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-225

11D2

12/17/2019  14:11

ANALYTE RT RESOLUTION (%)

 16.592,3,7,8-TCDF 22

FORM VI 1613B
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Report Date: 18-Dec-2019 01:04:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_001.d
Injection Date: 17-Dec-2019 14:11:19 Instrument ID: 11D2
Lims ID: CPS                      
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-225 ( 0.32 mm)
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDF

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  1215326
H (Peak Height)  =  5503345

%R =    22  <=     25
Passed

16.2 16.4 16.6 16.8 17.0
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

56

60

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

 16.592

V

H
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Report Date: 18-Dec-2019 01:04:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_001.d
Injection Date: 17-Dec-2019 14:11:19 Instrument ID: 11D2
Lims ID: CPS                      
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-225 ( 0.32 mm)
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56911-1

10D5

11/14/2019  14:22

11/14/2019  09:46

11/14/2019  12:50

ICV 320-338471/9

DB-5

Eurofins TestAmerica, Sacramento

Lab File ID: 14NO1910D5_9.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDF AveID 0.9005 0.9429 41.9 40.0 105 70-130

2,3,7,8-TCDD AveID 1.070 1.149 43.0 40.0 107 70-130

1,2,3,7,8-PeCDF AveID 0.9704 0.9907 204 200 102 70-130

2,3,4,7,8-PeCDF AveID 0.999 1.114 223 200 112 70-130

1,2,3,7,8-PeCDD AveID 1.002 0.998 199 200 100 70-130

1,2,3,4,7,8-HxCDF AveID 1.031 1.084 210 200 105 70-130

1,2,3,6,7,8-HxCDF AveID 1.024 1.088 213 200 106 70-130

2,3,4,6,7,8-HxCDF AveID 1.065 1.145 215 200 108 70-130

1,2,3,4,7,8-HxCDD AveID 1.005 1.061 211 200 106 70-130

1,2,3,6,7,8-HxCDD AveID 0.9833 1.095 223 200 111 70-130

1,2,3,7,8,9-HxCDD AveID 1.104 1.123 204 200 102 70-130

1,2,3,7,8,9-HxCDF AveID 1.066 1.091 205 200 102 70-130

1,2,3,4,6,7,8-HpCDF AveID 1.424 1.525 214 200 107 70-130

1,2,3,4,6,7,8-HpCDD AveID 1.017 1.082 213 200 106 70-130

1,2,3,4,7,8,9-HpCDF AveID 1.283 1.321 206 200 103 70-130

OCDD AveID 1.100 1.165 424 400 106 70-130

OCDF AveID 1.305 1.365 418 400 105 70-130

13C-2,3,7,8-TCDF Ave 1.332 1.319 99.1 100 99 71-140

13C-2,3,7,8-TCDD Ave 0.9647 0.9598 99.5 100 99 82-121

13C-1,2,3,7,8-PeCDF Ave 1.054 1.026 97.3 100 97 76-130

13C-2,3,4,7,8-PeCDF Ave 1.017 1.025 101 100 101 77-130

13C-1,2,3,7,8-PeCDD Ave 0.7281 0.7145 98.1 100 98 62-160

13C-1,2,3,4,7,8-HxCDF Ave 0.9632 0.995 103 100 103 76-131

13C-1,2,3,6,7,8-HxCDF Ave 1.065 1.057 99.3 100 99 70-143

13C-2,3,4,6,7,8-HxCDF Ave 0.9696 0.9830 101 100 101 73-137

13C-1,2,3,4,7,8-HxCDD Ave 0.7590 0.7881 104 100 104 85-117

13C-1,2,3,6,7,8-HxCDD Ave 0.9247 0.9087 98.3 100 98 85-118

13C-1,2,3,7,8,9-HxCDF Ave 0.8955 0.8949 99.9 100 100 74-135

13C-1,2,3,4,6,7,8-HpCDF Ave 0.7930 0.7978 101 100 101 78-129

13C-1,2,3,4,6,7,8-HpCDD Ave 0.7532 0.7616 101 100 101 72-138

13C-1,2,3,4,7,8,9-HpCDF Ave 0.7296 0.7514 103 100 103 77-129

13C-OCDD Ave 0.5621 0.5875 209 200 105 48-208

37Cl4-2,3,7,8-TCDD Ave 1.308 1.352 41.3 40.0 103 79-127

FORM VII 1613B
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 14-Nov-2019 14:22:45 ALS Bottle#: 8 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: ICV111419  ICV HRDXNIC_00042
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 15:38:29 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 15:30:58

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.532  127753507 0.80  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.034  168537488 0.77   1.3318        99.1        99.1   0.2208   0.2208  99.05
  2,3,7,8-TCDF 17.049   63565277 0.75   0.9005        41.9        41.9   0.0807   0.0807    105
A Non-2,3,7,8-sub-TCDF 16.769     503480 0.69   0.9005      0.3317      0.3317   0.0807   0.3317
S Total TCDF        42.2        42.2   0.0807   0.0807

D 13C-2,3,7,8-TCDD 17.729  122616706 0.79   0.9647        99.5        99.5   0.1990   0.1990  99.49
  2,3,7,8-TCDD 17.744   56356642 0.78   1.0698        43.0        43.0   0.0519   0.0519    107
$ 37Cl4-2,3,7,8-TCDD 17.744   69105326   1.3082        41.3        41.3   0.0474   0.0474    103

A Non-2,3,7,8-sub-TCDD 17.207    1045993 0.75   1.0698      0.7974      0.7974   0.0519   0.7974
S Total TCDD        43.8        43.8   0.0519   0.0519

D 13C-1,2,3,7,8-PeCDF 21.949  131024591 1.57   1.0537        97.3        97.3   0.2628   0.2628  97.33
  1,2,3,7,8-PeCDF 21.963  259623009 1.55   0.9704       204.2       204.2   0.9424   0.9424    102
D 13C-2,3,4,7,8-PeCDF 23.258  130947062 1.55   1.0173       100.8       100.8   0.2723   0.2723    101
  2,3,4,7,8-PeCDF 23.286  291632166 1.54   0.9986       223.0       223.0   0.9647   0.9647    112
A F1 PeCDFs 19.339   0.0139   0.0139
A Non-2,3,7,8-sub-PeCDF 22.421    6765802 1.59   0.9845       5.247       5.247   0.9531    5.247
S Total PeCDF       432.5       432.5   0.9535   0.9535

D 13C-1,2,3,7,8-PeCDD 23.968   91275613 1.59   0.7281        98.1        98.1   0.1363   0.1363  98.13
  1,2,3,7,8-PeCDD 23.995  182196069 1.58   1.0023       199.1       199.1   0.3182   0.3182  99.57
A Non-2,3,7,8-sub-PeCDD 22.911   0.3182   0.3182
S Total PeCDD       199.1       199.1   0.3182   0.3182

D 13C-1,2,3,4,7,8-HxCDF 30.099   94290378 0.51   0.9632       103.3       103.3   0.4979   0.4979    103
  1,2,3,4,7,8-HxCDF 30.126  204334683 1.23   1.0315       210.1       210.1    1.399    1.399    105
D 13C-1,2,3,6,7,8-HxCDF 30.312  100156979 0.51   1.0646        99.3        99.3   0.4505   0.4505  99.31
  1,2,3,6,7,8-HxCDF 30.339  217981711 1.21   1.0235       212.6       212.6    1.258    1.258    106
D 13C-2,3,4,6,7,8-HxCDF 31.244   93118959 0.51   0.9696       101.4       101.4   0.4946   0.4946    101
  2,3,4,6,7,8-HxCDF 31.257  213270521 1.23   1.0645       215.2       215.2   0.9471   0.9471    108
D 13C-1,2,3,7,8,9-HxCDF 32.096   84774861 0.51   0.8955        99.9        99.9   0.5355   0.5355  99.93
  1,2,3,7,8,9-HxCDF 32.110  184937881 1.23   1.0664       204.6       204.6   0.9613   0.9613    102
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

A Non-2,3,7,8-sub-HxCDF 29.813    1.112    1.112
S Total HxCDF       842.5       842.5    1.141    1.141

* 13C-1,2,3,7,8,9-HxCDD 31.910   94732617 1.24  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.457   74661625 1.25   0.7590       103.8       103.8   0.3625   0.3625    104
  1,2,3,4,7,8-HxCDD 31.470  158412571 1.24   1.0054       211.0       211.0   0.6473   0.6473    106
D 13C-1,2,3,6,7,8-HxCDD 31.563   86079261 1.24   0.9247        98.3        98.3   0.2976   0.2976  98.26
  1,2,3,6,7,8-HxCDD 31.577  188438557 1.24   0.9833       222.6       222.6   0.6210   0.6210    111
  1,2,3,7,8,9-HxCDD 31.923  180574133 1.24   1.1036       203.6       203.6   0.5709   0.5709    102
A Non-2,3,7,8-sub-HxCDD 30.412   0.6112   0.6112
S Total HxCDD       637.3       637.3   0.6131   0.6131

D 13C-1,2,3,4,6,7,8-HpCDF 33.567   75573628 0.44   0.7930       100.6       100.6    1.442    1.442    101
  1,2,3,4,6,7,8-HpCDF 33.579  230450592 1.04   1.4240       214.1       214.1    2.684    2.684    107
D 13C-1,2,3,4,7,8,9-HpCDF 34.624   71184611 0.44   0.7296       103.0       103.0    1.567    1.567    103
  1,2,3,4,7,8,9-HpCDF 34.624  188084404 1.04   1.2834       205.9       205.9    3.747    3.747    103
A Non-2,3,7,8-sub-HpCDF 34.107    3.146    3.146
S Total HpCDF       420.0       420.0    3.215    3.215

D 13C-1,2,3,4,6,7,8-HpCDD 34.333   72144979 1.05   0.7532       101.1       101.1   0.6400   0.6400    101
  1,2,3,4,6,7,8-HpCDD 34.345  156189527 1.05   1.0174       212.8       212.8    1.241    1.241    106
A Non-2,3,7,8-sub-HpCDD 34.745    1.241    1.241
S Total HpCDD       212.8       212.8    1.241    1.241

D 13C-OCDD 36.621  111309290 0.91   0.5621       209.1       209.1   0.3127   0.3127    105
  OCDF 36.717  303775810 0.89   1.3047       418.4       418.4   0.3454   0.3454    105
  OCDD 36.633  259273206 0.89   1.0997       423.6       423.6   0.5138   0.5138    106

Reagents:
HRDXNIC_00042 Amount Added:   1.00 Units: mL
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 14-Nov-2019 14:22:45 ALS Bottle#: 8 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: ICV111419  ICV HRDXNIC_00042
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Nov-2019 15:38:29 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: arghestanis Date: 14-Nov-2019 15:30:58

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.532 17.539    0   56748212   14295274  11666  29165   1225
333.9339 17.532 17.539    0   71005295   17876659  13033  32582   1372  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.034 17.034    0  0.972   73519539   18880730  26215  65537    720
317.9389 17.034 17.034    0  0.972   95017949   24476277  11636  29090   2103  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.049 17.049    0  1.001   27341233    6988990   5216  13040   1340
305.8987 17.049 17.049    0  1.001   36224044    9308338   7391  18477   1259  0.75(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 16.414 16.769  -21  0.964     206397      52842   5216  13040     10
305.8987 16.399 16.769  -22  0.963     297083      81682   7391  18477     11  0.69(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.729 17.729    0  1.011   54287694   13185379  11666  29165   1130
333.9339 17.729 17.729    0  1.011   68329012   16599634  13033  32582   1274  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.744 17.744    0  1.001   24640234    6032361   3034   7585   1988
321.8936 17.744 17.744    0  1.001   31716408    7764793   3587   8967   2165  0.78(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.744 17.744    0  1.012   69105326   16899338   7980  19950   2118

A Non-2,3,7,8-sub-TCDD

319.8965 17.638 17.207   26  0.995     447986     123608   3034   7585     41
321.8936 17.638 17.207   26  0.995     598007     164265   3587   8967     46  0.75(0.65-0.89)
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDF
351.9000 21.949 21.949    0  1.252   80074999   14441130  21701  54252    665
353.8970 21.949 21.949    0  1.252   50949592    9172063  13941  34852    658  1.57(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 21.963 21.971    0  1.001  157758948   28571111  51917 129792    550
341.8567 21.963 21.971    0  1.001  101864061   18672781  34457  86142    542  1.55(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.258 23.258    0  1.327   79688867   13633117  21701  54252    628
353.8970 23.258 23.258    0  1.327   51258195    8782710  13941  34852    630  1.55(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.286 23.286    0  1.001  176904202   30084309  51917 129792    579
341.8567 23.286 23.286    0  1.001  114727964   19617785  34457  86142    569  1.54(1.32-1.78)

A F1 PeCDFs
339.8597 19.339     547    1367
341.8567 19.339     709    1772

A Non-2,3,7,8-sub-PeCDF

339.8597 22.481 22.421    4  1.024    4152473     701023  51917 129792     14
341.8567 22.481 22.421    4  1.024    2613329     453840  34457  86142     13  1.59(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 23.968 23.968    0  1.367   56091702    8956077   7762  19405   1154
369.8919 23.968 23.968    0  1.367   35183911    5701880   5007  12517   1139  1.59(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 23.995 23.995    0  1.001  111532802   18081800  11476  28690   1576
357.8516 23.995 23.995    0  1.001   70663267   11358794   7223  18057   1573  1.58(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 22.911   11476   28690
357.8516 22.911    7223   18057

13C-1,2,3,4,7,8-HxCDF
383.8639 30.099 30.102    0  0.943   31927571    5116694  15279  38197    335
385.8610 30.099 30.102    0  0.943   62362807   10049266  28842  72105    348  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.126 30.131    0  1.001  112815761   18463364  48873 122182    378
375.8178 30.126 30.131    0  1.001   91518922   15221715  38672  96680    394  1.23(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.312 30.323   -1  0.950   33944233    5776371  15279  38197    378
385.8610 30.312 30.323   -1  0.950   66212746   11214448  28842  72105    389  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.339 30.344    0  1.001  119258588   20543798  48873 122182    420
375.8178 30.339 30.344    0  1.001   98723123   16999042  38672  96680    440  1.21(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.244 31.247    0  0.979   31519259    7453180  15279  38197    488
385.8610 31.244 31.247    0  0.979   61599700   14255685  28842  72105    494  0.51(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.257 31.265    0  1.000  117461840   26806991  48873 122182    549
375.8178 31.257 31.265    0  1.000   95808681   22209989  38672  96680    574  1.23(1.05-1.43)
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8,9-HxCDF
383.8639 32.096 32.099    0  1.006   28814125    7319080  15279  38197    479
385.8610 32.096 32.099    0  1.006   55960736   14030795  28842  72105    486  0.51(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.110 32.115    0  1.000  101890299   25413541  48873 122182    520
375.8178 32.110 32.115    0  1.000   83047582   21122013  38672  96680    546  1.23(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 29.813   48873  122182
375.8178 29.813   38672   96680

13C-1,2,3,7,8,9-HxCDD
401.8559 31.910 31.912    0   52511910   12805184  13768  34420    930
403.8529 31.910 31.912    0   42220707   10195168  11548  28870    883  1.24(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.457 31.452    0  0.986   41450414   10641684  13768  34420    773
403.8529 31.457 31.452    0  0.986   33211211    8510160  11548  28870    737  1.25(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.470 31.470    0  1.000   87537626   23038723  27942  69855    825
391.8127 31.470 31.470    0  1.000   70874945   18191910  21910  54775    830  1.24(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 31.563 31.566    0  0.989   47669476   11301600  13768  34420    821
403.8529 31.563 31.566    0  0.989   38409785    9108712  11548  28870    789  1.24(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.577 31.582    0  1.000  104264488   24258359  27942  69855    868
391.8127 31.577 31.582    0  1.000   84174069   19892753  21910  54775    908  1.24(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.923 31.926    0  1.015   99797219   24421387  27942  69855    874
391.8127 31.923 31.926    0  1.015   80776914   19846531  21910  54775    906  1.24(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8157 30.412   27942   69855
391.8127 30.412   21910   54775

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.567 33.567    0  1.052   23171360    7345725  31014  77535    237
419.8220 33.567 33.567    0  1.052   52402268   16516100  74183 185457    223  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.579 33.579    0  1.000  117307635   37090120 180273 450682    206
409.7789 33.579 33.579    0  1.000  113142957   35287943 184483 461207    191  1.04(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.624 34.619    0  1.085   21886650    5883467  31014  77535    190
419.8220 34.612 34.619    0  1.085   49297961   13077653  74183 185457    176  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.624 34.629    0  1.000   95696618   26139394 180273 450682    145
409.7789 34.624 34.629    0  1.000   92387786   25556834 184483 461207    139  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7818 34.107  180273  450682
409.7789 34.107  184483  461207
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.333 34.340    0  1.076   37011862   10041441  22198  55495    452
437.8140 34.333 34.340    0  1.076   35133117    9629280  22148  55370    435  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.345 34.349    0  1.000   79879106   22019547  51333 128332    429
425.7737 34.345 34.349    0  1.000   76310421   21337270  47994 119985    445  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7766 34.745   51333  128332
425.7737 34.745   47994  119985

13C-OCDD
469.7779 36.621 36.624    0  1.148   52901559   11882037   5075  12687   2341
471.7750 36.621 36.624    0  1.148   58407731   13125798  11094  27735   1183  0.91(0.76-1.02)

OCDF
441.7428 36.717 36.720    0  1.003  143317739   34056066  10453  26132   3258
443.7399 36.717 36.720    0  1.003  160458071   38120299  12085  30212   3154  0.89(0.76-1.02)

OCDD
457.7377 36.633 36.636    0  1.000  121973324   27802079  12265  30662   2267
459.7348 36.633 36.636    0  1.000  137299882   30917054  15993  39982   1933  0.89(0.76-1.02)

Reagents:
HRDXNIC_00042 Amount Added:   1.00 Units: mL
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Lims ID: ICV
Client ID:
Inject. Date: 14-Nov-2019 14:22:45 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: 10D5 Operator:  SMA
Lims Batch ID: 338471 Lims Sample ID: 9
Sublist: chrom-Dioxin_10D5*sub1

Non-2,3,7,8-sub-TCDF, RT: 16.769

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.901 D 13C-2,3,7,8-TCDF                        100.000       168537488        43357007
Averages:

RRFn Qis Ris Area Ris Height
  0.901        100.000       168537488        43357007

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

16.414            206397             52842            297083             81682      0.3317 0.69
Signal Totals:

           206397             52842            297083             81682
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           503480            134524 0.69

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3317 = (503480 * 100.000) / (168537488 * 0.901)
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Lims ID: ICV
Client ID:
Inject. Date: 14-Nov-2019 14:22:45 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: 10D5 Operator:  SMA
Lims Batch ID: 338471 Lims Sample ID: 9
Sublist: chrom-Dioxin_10D5*sub1

Non-2,3,7,8-sub-TCDD, RT: 17.207

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.070 D 13C-2,3,7,8-TCDD                        100.000       122616706        29785013
Averages:

RRFn Qis Ris Area Ris Height
  1.070        100.000       122616706        29785013

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

17.638            447986            123608            598007            164265      0.7974 0.75
Signal Totals:

           447986            123608            598007            164265
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1045993            287873 0.75

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7974 = (1045993 * 100.000) / (122616706 * 1.070)
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Lims ID: ICV
Client ID:
Inject. Date: 14-Nov-2019 14:22:45 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: 10D5 Operator:  SMA
Lims Batch ID: 338471 Lims Sample ID: 9
Sublist: chrom-Dioxin_10D5*sub1

Non-2,3,7,8-sub-PeCDF, RT: 22.421

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    0.970 D 13C-1,2,3,7,8-PeCDF                     100.000       131024591        23613193
  2,3,4,7,8-PeCDF                    0.999 D 13C-2,3,4,7,8-PeCDF                     100.000       130947062        22415827
Averages:

RRFn Qis Ris Area Ris Height
  0.984        100.000       130985826        23014510

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

22.481           4152473            701023           2613329            453840        5.25 1.59
Signal Totals:

          4152473            701023           2613329            453840
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          6765802           1154863 1.59

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.247 = (6765802 * 100.000) / (130985826 * 0.984)
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.03
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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TCDD Standards
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F1:m/z     333.9339:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.53 13C-2,3,7,8-TCDD

          17.73
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Standards
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          17.73
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

11

14

17

20

23

26

29

32

35

38

Y
 ( 

X
10

0)

F1:m/z     339.8597:SG5Pt_x1

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

11

15

19

23

27

31

35

39

43

47

51

55

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

0)

F2:m/z     339.8597:SG5Pt_x1
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          21.96
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Report Date: 14-Nov-2019 15:38:34 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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PeCDD Standards
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.11

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.11

HxCDF Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
00

)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.10

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.10
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.11

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

L 1,2,3,7,8,9-HxCDF
          32.11

HxCDF Interference Mass

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

19

23

27

31

35

39

43

47

51

55

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

3

7

11

15

19

23

27

31

Y
 ( 

X
10

00
00

0)

F3:m/z     389.8157:SG5Pt_x1
L 1,2,3,7,8,9-HxCDD
          31.92

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F3:m/z     391.8127:SG5Pt_x1

HxCDD Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.91

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.91
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

HpCDF Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.57

13C-1,2,3,4,7,8,9-HpCDF
          34.61
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

4

9

14

19

24

29

34

39

44

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

3

7

11

15

19

23

27

31

35

39

43

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.58

1,2,3,4,7,8,9-HpCDF
          34.62

HpCDF Interference Mass

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

9

14

19

24

29

34

39

44

49

54

59

64

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F4:m/z     423.7766:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          34.34

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          34.34

HpCDD Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.33

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.33
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  36.72

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

6

12

18

24

30

36

42

48

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  36.72

OCDF Standards

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.62

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.62
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.72

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

5

10

15

20

25

30

35

40

45

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.72

OCDF Interference Mass

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

9

14

19

24

29

34

39

44

49

54

59

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1

36.63
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.63

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

4

9

14

19

24

29

34

39

Y
 ( 

X
10

00
00

0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.63

OCDD Standards

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.62

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.62
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 14-Nov-2019 15:38:35 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_9.d
Injection Date: 14-Nov-2019 14:22:45 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56911-1

10D5

12/13/2019  11:54

11/14/2019  09:46

11/14/2019  12:50

CCV 320-345335/2

DB-5

Eurofins TestAmerica, Sacramento

Lab File ID: 13DE1910D5_2.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDF AveID 0.9005 0.8070 8.96 10.0 90 84-120

2,3,7,8-TCDD AveID 1.070 0.9271 8.67 10.0 87 78-129

1,2,3,7,8-PeCDF AveID 0.9704 0.9152 47.2 50.0 94 82-120

2,3,4,7,8-PeCDF AveID 0.999 0.9103 45.6 50.0 91 82-122

1,2,3,7,8-PeCDD AveID 1.002 0.9166 45.7 50.0 91 78-130

1,2,3,4,7,8-HxCDF AveID 1.031 0.9631 46.7 50.0 93 90-112

1,2,3,6,7,8-HxCDF AveID 1.024 0.9683 47.3 50.0 95 88-114

2,3,4,6,7,8-HxCDF AveID 1.065 1.000 47.0 50.0 94 88-114

1,2,3,4,7,8-HxCDD AveID 1.005 0.9319 46.3 50.0 93 78-128

1,2,3,6,7,8-HxCDD AveID 0.9833 0.9229 46.9 50.0 94 78-128

1,2,3,7,8,9-HxCDD AveID 1.104 1.056 47.8 50.0 96 82-122

1,2,3,7,8,9-HxCDF AveID 1.066 1.005 47.1 50.0 94 90-112

1,2,3,4,6,7,8-HpCDF AveID 1.424 1.376 48.3 50.0 97 90-110

1,2,3,4,6,7,8-HpCDD AveID 1.017 0.9385 46.1 50.0 92 86-116

1,2,3,4,7,8,9-HpCDF AveID 1.283 1.211 47.2 50.0 94 86-116

OCDD AveID 1.100 1.077 97.9 100 98 79-126

OCDF AveID 1.305 1.198 91.8 100 92 63-159

13C-2,3,7,8-TCDF Ave 1.332 1.222 91.7 100 92 71-140

13C-2,3,7,8-TCDD Ave 0.9647 0.9628 99.8 100 100 82-121

13C-1,2,3,7,8-PeCDF Ave 1.054 0.998 94.7 100 95 76-130

13C-2,3,4,7,8-PeCDF Ave 1.017 0.995 97.8 100 98 77-130

13C-1,2,3,7,8-PeCDD Ave 0.7281 0.7700 106 100 106 62-160

13C-1,2,3,4,7,8-HxCDF Ave 0.9632 0.8842 91.8 100 92 76-131

13C-1,2,3,6,7,8-HxCDF Ave 1.065 0.9065 85.1 100 85 70-143

13C-2,3,4,6,7,8-HxCDF Ave 0.9696 0.8687 89.6 100 90 73-137

13C-1,2,3,4,7,8-HxCDD Ave 0.7590 0.7804 103 100 103 85-117

13C-1,2,3,6,7,8-HxCDD Ave 0.9247 0.8413 91.0 100 91 85-118

13C-1,2,3,7,8,9-HxCDF Ave 0.8955 0.8129 90.8 100 91 74-135

13C-1,2,3,4,6,7,8-HpCDF Ave 0.7930 0.7590 95.7 100 96 78-129

13C-1,2,3,4,6,7,8-HpCDD Ave 0.7532 0.8417 112 100 112 72-138

13C-1,2,3,4,7,8,9-HpCDF Ave 0.7296 0.7618 104 100 104 77-129

13C-OCDD Ave 0.5621 0.7397 263 200 132 48-208

37Cl4-2,3,7,8-TCDD Ave 1.308 1.425 10.9 10.0 109 79-127

FORM VII 1613B
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 13-Dec-2019 11:54:42 ALS Bottle#: 2 Worklist Smp#: 2
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CCV 121319  CS-4 HRDXNL4_00085
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 13-Dec-2019 23:51:35 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0304

First Level Reviewer: shardaa Date: 13-Dec-2019 14:34:39

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.856   58151359 0.78  1.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.357   71040290 0.78   1.3318        91.7        91.7   0.1490   0.1490  91.73
  2,3,7,8-TCDF 17.372    5732900 0.75   0.9005       8.961       8.961   0.0282   0.0282  89.61
A Non-2,3,7,8-sub-TCDF 17.062   0.0282   0.0282  Rn
S Total TCDF       8.961       8.961   0.0282   0.0282

D 13C-2,3,7,8-TCDD 18.052   55987350 0.77   0.9647        99.8        99.8   0.1323   0.1323  99.80
  2,3,7,8-TCDD 18.068    5190567 0.76   1.0698       8.666       8.666   0.0228   0.0228  86.66
$ 37Cl4-2,3,7,8-TCDD 18.068    8284297   1.3082        10.9        10.9   0.0118   0.0118    109

A Non-2,3,7,8-sub-TCDD 17.516   0.0228   0.0228
S Total TCDD       8.666       8.666   0.0228   0.0228

D 13C-1,2,3,7,8-PeCDF 22.372   58012775 1.58   1.0537        94.7        94.7   0.2014   0.2014  94.67
  1,2,3,7,8-PeCDF 22.400   26545597 1.57   0.9704        47.2        47.2   0.1420   0.1420  94.31
D 13C-2,3,4,7,8-PeCDF 23.722   57869442 1.60   1.0173        97.8        97.8   0.2086   0.2086  97.83
  2,3,4,7,8-PeCDF 23.750   26339436 1.55   0.9986        45.6        45.6   0.1485   0.1485  91.16
A F1 PeCDFs 19.776   0.0173   0.0173
A Non-2,3,7,8-sub-PeCDF 22.933   0.1451   0.1451
S Total PeCDF        92.7        92.7   0.1453   0.1453

D 13C-1,2,3,7,8-PeCDD 24.445   44777573 1.57   0.7281       105.8       105.8   0.1285   0.1285    106
  1,2,3,7,8-PeCDD 24.472   20520592 1.57   1.0023        45.7        45.7   0.0680   0.0680  91.44
A Non-2,3,7,8-sub-PeCDD 23.368   0.0680   0.0680
S Total PeCDD        45.7        45.7   0.0680   0.0680

D 13C-1,2,3,4,7,8-HxCDF 30.543   42482479 0.50   0.9632        91.8        91.8   0.2106   0.2106  91.80
  1,2,3,4,7,8-HxCDF 30.557   20456835 1.22   1.0315        46.7        46.7   0.1650   0.1650  93.37
D 13C-1,2,3,6,7,8-HxCDF 30.716   43552971 0.50   1.0646        85.1        85.1   0.1905   0.1905  85.15
  1,2,3,6,7,8-HxCDF 30.743   21085635 1.23   1.0235        47.3        47.3   0.1592   0.1592  94.60
D 13C-2,3,4,6,7,8-HxCDF 31.555   41738939 0.50   0.9696        89.6        89.6   0.2092   0.2092  89.59
  2,3,4,6,7,8-HxCDF 31.568   20873024 1.20   1.0645        47.0        47.0   0.1221   0.1221  93.96
D 13C-1,2,3,7,8,9-HxCDF 32.367   39055451 0.50   0.8955        90.8        90.8   0.2265   0.2265  90.77
  1,2,3,7,8,9-HxCDF 32.380   19617811 1.22   1.0664        47.1        47.1   0.1182   0.1182  94.21
A Non-2,3,7,8-sub-HxCDF 30.237   0.1383   0.1383
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF       188.1       188.1   0.1411   0.1411

* 13C-1,2,3,7,8,9-HxCDD 32.181   48047612 1.25  8.8E+05       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.741   37495151 1.27   0.7590       102.8       102.8   0.1624   0.1624    103
  1,2,3,4,7,8-HxCDD 31.755   17471675 1.22   1.0054        46.3        46.3   0.0812   0.0812  92.70
D 13C-1,2,3,6,7,8-HxCDD 31.848   40421508 1.26   0.9247        91.0        91.0   0.1333   0.1333  90.98
  1,2,3,6,7,8-HxCDD 31.861   18651593 1.25   0.9833        46.9        46.9   0.0792   0.0792  93.85
  1,2,3,7,8,9-HxCDD 32.194   20563991 1.24   1.1036        47.8        47.8   0.0723   0.0723  95.66
A Non-2,3,7,8-sub-HxCDD 30.870   0.0774   0.0774
S Total HxCDD       141.1       141.1   0.0776   0.0776

D 13C-1,2,3,4,6,7,8-HpCDF 33.780   36468538 0.44   0.7930        95.7        95.7   0.5095   0.5095  95.72
  1,2,3,4,6,7,8-HpCDF 33.793   25094092 1.00   1.4240        48.3        48.3   0.2168   0.2168  96.64
D 13C-1,2,3,4,7,8,9-HpCDF 34.862   36600228 0.44   0.7296       104.4       104.4   0.5538   0.5538    104
  1,2,3,4,7,8,9-HpCDF 34.862   22157240 1.03   1.2834        47.2        47.2   0.2682   0.2682  94.34
A Non-2,3,7,8-sub-HpCDF 34.340   0.2405   0.2405
S Total HpCDF        95.5        95.5   0.2425   0.2425

D 13C-1,2,3,4,6,7,8-HpCDD 34.570   40443837 1.05   0.7532       111.8       111.8   0.3436   0.3436    112
  1,2,3,4,6,7,8-HpCDD 34.583   18978694 1.04   1.0174        46.1        46.1   0.1245   0.1245  92.25
A Non-2,3,7,8-sub-HpCDD 34.309   0.1245   0.1245
S Total HpCDD        46.1        46.1   0.1245   0.1245

D 13C-OCDD 36.891   71080841 0.91   0.5621       263.2       263.2   0.1605   0.1605    132
  OCDF 36.999   42574744 0.90   1.3047        91.8        91.8   0.0418   0.0418  91.82
  OCDD 36.903   38264782 0.89   1.0997        97.9        97.9   0.0770   0.0770  97.91

Reagents:
HRDXNL4_00085 Amount Added:   2.00 Units: uL
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 13-Dec-2019 11:54:42 ALS Bottle#: 2 Worklist Smp#: 2
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CCV 121319  CS-4 HRDXNL4_00085
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5
Sublist: chrom-Dioxin_10D5*sub1

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 13-Dec-2019 23:51:35 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0304

First Level Reviewer: shardaa Date: 13-Dec-2019 14:34:39

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.856 17.856    0   25516220    6200852   3628   9070   1709
333.9339 17.856 17.856    0   32635139    7969033   3605   9012   2211  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.357 17.357    0  0.972   31085904    7585307   5673  14182   1337
317.9389 17.357 17.357    0  0.972   39954386    9744799   5575  13937   1748  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.372 17.372    0  1.001    2461651     596573    788   1970    757
305.8987 17.372 17.372    0  1.001    3271249     787055    972   2430    810  0.75(0.65-0.89)

A Non-2,3,7,8-sub-TCDF
303.9016 16.994 17.062   -4  0.979      10822       3134    788   1970      4
305.8987 16.979 17.062   -5  0.978      21337       4271    972   2430      4  0.51(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 18.052 18.052    0  1.011   24277237    5804524   3628   9070   1600
333.9339 18.052 18.052    0  1.011   31710113    7686593   3605   9012   2132  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 18.068 18.068    0  1.001    2243474     525075    773   1932    679
321.8936 18.068 18.068    0  1.001    2947093     704934    541   1352   1303  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 18.068 18.068    0  1.012    8284297    1961112    877   2192   2236

A Non-2,3,7,8-sub-TCDD
319.8965 17.516     773    1932
321.8936 17.516     541    1352
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDF
351.9000 22.372 22.372    0  1.253   35543090    6374712   7159  17897    890
353.8970 22.372 22.372    0  1.253   22469685    4019009   4870  12175    825  1.58(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.400 22.400    0  1.001   16229982    2821546   3324   8310    849
341.8567 22.400 22.400    0  1.001   10315615    1796994   2407   6017    747  1.57(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.722 23.722    0  1.329   35632053    5913139   7159  17897    826
353.8970 23.722 23.722    0  1.329   22237389    3749441   4870  12175    770  1.60(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.750 23.750    0  1.001   16001898    2573430   3324   8310    774
341.8567 23.750 23.750    0  1.001   10337538    1671465   2407   6017    694  1.55(1.32-1.78)

A F1 PeCDFs
339.8597 19.776     261     652
341.8567 19.776     423    1057

A Non-2,3,7,8-sub-PeCDF
339.8597 22.933    3324    8310
341.8567 22.933    2407    6017

13C-1,2,3,7,8-PeCDD
367.8949 24.445 24.445    0  1.369   27337738    4325488   2805   7012   1542
369.8919 24.445 24.445    0  1.369   17439835    2752755   2499   6247   1102  1.57(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.472 24.472    0  1.001   12536174    1949302   1214   3035   1606
357.8516 24.472 24.472    0  1.001    7984418    1248192    717   1792   1741  1.57(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 23.368    1214    3035
357.8516 23.368     717    1792

13C-1,2,3,4,7,8-HxCDF
383.8639 30.543 30.543    0  0.949   14150737    2726196   3821   9552    713
385.8610 30.543 30.543    0  0.949   28331742    5328175   7057  17642    755  0.50(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.557 30.557    0  1.000   11242310    2165932   2969   7422    730
375.8178 30.557 30.557    0  1.000    9214525    1785732   2515   6287    710  1.22(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.716 30.716    0  0.955   14588110    2844047   3821   9552    744
385.8610 30.716 30.716    0  0.955   28964861    5571576   7057  17642    790  0.50(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.743 30.743    0  1.001   11612379    2239137   2969   7422    754
375.8178 30.743 30.743    0  1.001    9473256    1802621   2515   6287    717  1.23(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.555 31.555    0  0.981   13972817    3486417   3821   9552    912
385.8610 31.555 31.555    0  0.981   27766122    7064807   7057  17642   1001  0.50(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.568 31.568    0  1.000   11394863    2840040   2969   7422    957
375.8178 31.568 31.568    0  1.000    9478161    2368887   2515   6287    942  1.20(1.05-1.43)
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8,9-HxCDF
383.8639 32.367 32.367    0  1.006   13003000    3681632   3821   9552    964
385.8610 32.367 32.367    0  1.006   26052451    7195748   7057  17642   1020  0.50(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.380 32.380    0  1.000   10767461    3002723   2969   7422   1011
375.8178 32.380 32.380    0  1.000    8850350    2410399   2515   6287    958  1.22(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 30.237    2969    7422
375.8178 30.237    2515    6287

13C-1,2,3,7,8,9-HxCDD
401.8559 32.181 32.181    0   26719529    7411302   3715   9287   1995
403.8529 32.181 32.181    0   21328083    5998062   2897   7242   2070  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.741 31.741    0  0.986   20964570    5790833   3715   9287   1559
403.8529 31.741 31.741    0  0.986   16530581    4480412   2897   7242   1547  1.27(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.755 31.755    0  1.000    9615382    2615307   1863   4657   1404
391.8127 31.755 31.755    0  1.000    7856293    2140014   1493   3732   1433  1.22(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 31.848 31.848    0  0.990   22543678    6019623   3715   9287   1620
403.8529 31.848 31.848    0  0.990   17877830    4752560   2897   7242   1641  1.26(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.861 31.861    0  1.000   10352620    2731590   1863   4657   1466
391.8127 31.861 31.861    0  1.000    8298973    2184948   1493   3732   1463  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.194 32.194    0  1.014   11388834    3182243   1863   4657   1708
391.8127 32.194 32.194    0  1.014    9175157    2514355   1493   3732   1684  1.24(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8157 30.870    1863    4657
391.8127 30.870    1493    3732

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.780 33.780    0  1.050   11083401    3873054   6199  15497    625
419.8220 33.780 33.780    0  1.050   25385137    8702797  15472  38680    562  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.793 33.793    0  1.000   12535951    4419467   6518  16295    678
409.7789 33.793 33.793    0  1.000   12558141    4361106   9013  22532    484  1.00(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.862 34.862    0  1.083   11120061    3499230   6199  15497    564
419.8220 34.862 34.862    0  1.083   25480167    7781110  15472  38680    503  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.862 34.862    0  1.000   11234733    3536550   6518  16295    543
409.7789 34.862 34.862    0  1.000   10922507    3485969   9013  22532    387  1.03(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7818 34.340    6518   16295
409.7789 34.340    9013   22532
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.570 34.570    0  1.074   20757885    6767621   6225  15562   1087
437.8140 34.570 34.570    0  1.074   19685952    6421058   7655  19137    839  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.583 34.583    0  1.000    9681866    3184273   3518   8795    905
425.7737 34.583 34.583    0  1.000    9296828    3023514   3167   7917    955  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7766 34.309    3518    8795
425.7737 34.309    3167    7917

13C-OCDD
469.7779 36.891 36.891    0  1.146   33922913    9539126   2046   5115   4662
471.7750 36.891 36.891    0  1.146   37157928   10432240   2793   6982   3735  0.91(0.76-1.02)

OCDF
441.7428 36.999 36.999    0  1.003   20132288    5531307    970   2425   5702
443.7399 36.987 36.999   -1  1.003   22442456    6220606   1211   3027   5137  0.90(0.76-1.02)

OCDD
457.7377 36.903 36.903    0  1.000   18055509    5131841   1197   2992   4287
459.7348 36.903 36.903    0  1.000   20209273    5652108   2183   5457   2589  0.89(0.76-1.02)

Reagents:
HRDXNL4_00085 Amount Added:   2.00 Units: uL
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Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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F1:m/z     303.9016:SG5Pt_x1
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          17.37
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TCDF Interference Mass
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Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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          17.86 13C-2,3,7,8-TCDD

          18.05
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          18.05

Page 1370 of 1734



Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Standards
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          18.05
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Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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          23.75
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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          32.38
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HxCDF Interference Mass
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Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD
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          32.19
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Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF
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          33.79

1,2,3,4,7,8,9-HpCDF
          34.86
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Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.78 13C-1,2,3,4,7,8,9-HpCDF

          34.86

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.78 13C-1,2,3,4,7,8,9-HpCDF

          34.86
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.79

1,2,3,4,7,8,9-HpCDF
          34.86

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

4

9

14

19

24

29

34

39

44

49

54

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.79

1,2,3,4,7,8,9-HpCDF
          34.86

HpCDF Interference Mass

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

16

21

26

31

36

41

46

51

56

61

66

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

35

40

Y
 ( 

X
10

00
00

)

F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.58

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.58

HpCDD Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

10

21

32

43

54

65

76

87

Y
 ( 

X
10

00
00

)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.57

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

10

21

32

43

54

65

76

Y
 ( 

X
10

00
00

)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.57
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  37.00

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  36.99

OCDF Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.89

37.27

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.89
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  37.00

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
00

)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.99

OCDF Interference Mass

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

14

18

22

26

30

34

38

42

46

50

Y
 ( 

X
10

0)

F5:m/z     513.6775:SG5Pt_x1

36.89

Page 1384 of 1734



Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.90

37.43

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.90

OCDD Standards

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.89

37.27

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.89
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 13-Dec-2019 23:51:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_2.d
Injection Date: 13-Dec-2019 11:54:42 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56911-1

11D2

08/02/2019  06:03

08/02/2019  02:52

08/02/2019  05:25

ICV 320-312067/8

DB-225

Eurofins TestAmerica, Sacramento

Lab File ID: 02AU1911D2_008.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDD AveID 1.154 1.135 39.4 40.0 98 70-130

2,3,7,8-TCDF AveID 0.8389 0.7719 36.8 40.0 92 70-130

13C-2,3,7,8-TCDD Ave 0.9388 0.8798 93.7 100 94 82-121

13C-2,3,7,8-TCDF Ave 1.338 1.270 94.9 100 95 71-140

37Cl4-2,3,7,8-TCDD Ave 1.182 1.222 41.4 40.0 103 79-127

FORM VII 1613B
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 02-Aug-2019 06:03:41 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: ICV HRDXNIC_00042
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist:

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:56:54 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:47:16

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.394   97001968 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.547  123207943 0.74   1.3379        94.9        94.9   0.6094   0.6094  94.93
  2,3,7,8-TCDF 16.574   38039883 0.78   0.8389        36.8        36.8   0.1052   0.1052  92.01
D 13C-2,3,7,8-TCDD 15.106   85337698 0.79   0.9388        93.7        93.7   0.3453   0.3453  93.71
  2,3,7,8-TCDD 15.120   38758960 0.76   1.1538        39.4        39.4   0.1979   0.1979  98.41
$ 37Cl4-2,3,7,8-TCDD 15.120   47417283   1.1816        41.4        41.4   0.1032   0.1032    103

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNIC_00042 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 02-Aug-2019 06:03:41 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: ICV HRDXNIC_00042
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist:

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:56:54 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:47:16

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.394 15.416   -1   42407295    9957761  17234  43085    578
333.9339 15.394 15.416   -1   54594673   12831179  12314  30785   1042  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.547 16.580   -2  1.075   52595032   11688678  51826 129565    226
317.9389 16.547 16.580   -2  1.075   70612911   15460441  22495  56237    687  0.74(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.574 16.599   -1  1.002   16681516    3535451   3682   9205    960
305.8987 16.574 16.599   -1  1.002   21358367    4522824   5899  14747    767  0.78(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.106 15.136   -2  0.981   37657541    9362808  17234  43085    543
333.9339 15.106 15.136   -2  0.981   47680157   11686095  12314  30785    949  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.120 15.156   -2  1.001   16757833    4095456   8475  21187    483
321.8936 15.120 15.156   -2  1.001   22001127    5354648  10746  26865    498  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.120 15.158   -2  0.982   47417283   11432123  11111  27777   1029

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNIC_00042 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Injection Date: 02-Aug-2019 06:03:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.57

18.85 23.0114.58 19.95

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.57

18.84 23.0013.79 15.07

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.55

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F1:m/z     317.9389:SG5Pt_x1

13C-2,3,7,8-TCDF
          16.55

18.84
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Injection Date: 02-Aug-2019 06:03:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Injection Date: 02-Aug-2019 06:03:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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F1:m/z     319.8965:SG5Pt_x1

2,3,7,8-TCDD

2,3,7,8-TCDD
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Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)
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TCDD Standards
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Injection Date: 02-Aug-2019 06:03:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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F1:m/z     327.8840:SG5Pt_x1
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37Cl4-TCDD Standards
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Injection Date: 02-Aug-2019 06:03:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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F1:m/z     330.9792:SG5Pt_x1
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56911-1

11D2

12/16/2019  19:55

08/02/2019  02:52

08/02/2019  05:25

CCV 320-345960/2

DB-225

Eurofins TestAmerica, Sacramento

Lab File ID: 16DE19A11D2_002.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDD AveID 1.154 1.056 9.15 10.0 91 78-129

2,3,7,8-TCDF AveID 0.8389 0.9825 11.7 10.0 117 84-120

13C-2,3,7,8-TCDD Ave 0.9388 0.8826 94.0 100 94 82-121

13C-2,3,7,8-TCDF Ave 1.338 1.354 101 100 101 71-140

37Cl4-2,3,7,8-TCDD Ave 1.182 1.331 11.3 10.0 113 79-127

FORM VII 1613B

Page 1396 of 1734



Page 1397 of 1734



Page 1398 of 1734



Page 1399 of 1734



Report Date: 17-Dec-2019 09:38:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_002.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 16-Dec-2019 19:55:16 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CCV CS-4 HRDXNL4_00086
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:31:57

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.383   78197243 0.79  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.576  105917468 0.82   1.3379       101.2       101.2   0.4026   0.4026    101
  2,3,7,8-TCDF 16.590   10406639 0.76   0.8389        11.7        11.7   0.0847   0.0847    117
D 13C-2,3,7,8-TCDD 15.122   69019348 0.75   0.9388        94.0        94.0   0.3279   0.3279  94.02
  2,3,7,8-TCDD 15.149    7286094 0.83   1.1538       9.149       9.149   0.0852   0.0852  91.49
$ 37Cl4-2,3,7,8-TCDD 15.149   10411739   1.1816        11.3        11.3   0.0629   0.0629    113

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL4_00086 Amount Added:   2.00 Units: uL
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Report Date: 17-Dec-2019 09:38:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_002.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 16-Dec-2019 19:55:16 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CCV CS-4 HRDXNL4_00086
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:20 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:31:57

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.383 15.383    0   34442341    7462715  15476  38690    482
333.9339 15.383 15.383    0   43754902    9377289   5258  13145   1783  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.576 16.576    0  1.078   47720279    8797317  22322  55805    394
317.9389 16.576 16.576    0  1.078   58197189   10759234  13965  34912    770  0.82(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.590 16.590    0  1.001    4485013     814812   2010   5025    405
305.8987 16.590 16.590    0  1.001    5921626    1107830   3548   8870    312  0.76(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.122 15.122    0  0.983   29646407    6091172  15476  38690    394
333.9339 15.122 15.122    0  0.983   39372941    8330928   5258  13145   1584  0.75(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.149 15.149    0  1.002    3312907     667661   3552   8880    188
321.8936 15.149 15.149    0  1.002    3973187     815487   2118   5295    385  0.83(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.149 15.149    0  0.985   10411739    2147387   5005  12512    429

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL4_00086 Amount Added:   2.00 Units: uL
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Report Date: 17-Dec-2019 09:38:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_002.d
Injection Date: 16-Dec-2019 19:55:16 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345960 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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39
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78

91

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.59

18.98 20.43

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.59

18.98

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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4

6

8
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Y
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X
10

00
00

0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.58

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
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00
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0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.58

18.96 23.09
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Report Date: 17-Dec-2019 09:38:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_002.d
Injection Date: 16-Dec-2019 19:55:16 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345960 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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Y
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X
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00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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8

10
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Y
 ( 

X
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)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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X
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)

F1:m/z     375.8364:SG5Pt_x1

Page 1403 of 1734



Report Date: 17-Dec-2019 09:38:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_002.d
Injection Date: 16-Dec-2019 19:55:16 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345960 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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F1:m/z     319.8965:SG5Pt_x1

2,3,7,8-TCDD
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Y
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)

F1:m/z     321.8936:SG5Pt_x1

2,3,7,8-TCDD

2,3,7,8-TCDD

TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
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Report Date: 17-Dec-2019 09:38:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_002.d
Injection Date: 16-Dec-2019 19:55:16 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345960 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Standards
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
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Report Date: 17-Dec-2019 09:38:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_002.d
Injection Date: 16-Dec-2019 19:55:16 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345960 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
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F1:m/z     330.9792:SG5Pt_x1
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56911-1

11D2

12/17/2019  14:49

08/02/2019  02:52

08/02/2019  05:25

CCV 320-346137/2

DB-225

Eurofins TestAmerica, Sacramento

Lab File ID: 17DE1911D2_002.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDD AveID 1.154 1.063 9.21 10.0 92 78-129

2,3,7,8-TCDF AveID 0.8389 0.8777 10.5 10.0 105 84-120

13C-2,3,7,8-TCDD Ave 0.9388 0.9083 96.7 100 97 82-121

13C-2,3,7,8-TCDF Ave 1.338 1.287 96.2 100 96 71-140

37Cl4-2,3,7,8-TCDD Ave 1.182 1.279 10.8 10.0 108 79-127

FORM VII 1613B
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Report Date: 18-Dec-2019 01:04:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_002.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 17-Dec-2019 14:49:41 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CCV CS-4 HRDXNL4_00086
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:04:19 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0317

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.378   81909314 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.571  105411330 0.81   1.3379        96.2        96.2   0.3581   0.3581  96.19
  2,3,7,8-TCDF 16.585    9251501 0.74   0.8389        10.5        10.5   0.0715   0.0715    105
D 13C-2,3,7,8-TCDD 15.131   74394656 0.78   0.9388        96.7        96.7   0.2807   0.2807  96.74
  2,3,7,8-TCDD 15.145    7908508 0.80   1.1538       9.213       9.213   0.0776   0.0776  92.13
$ 37Cl4-2,3,7,8-TCDD 15.145   10476784   1.1816        10.8        10.8   0.0445   0.0445    108

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL4_00086 Amount Added:   2.00 Units: uL
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Report Date: 18-Dec-2019 01:04:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_002.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 17-Dec-2019 14:49:41 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CCV CS-4 HRDXNL4_00086
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:04:19 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0317

Signal
RT

(min.)
Adj RT
(min.)

N
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.378 15.378    0   36002825    7289114  10672  26680    683
333.9339 15.378 15.378    0   45906489    9533886   7064  17660   1350  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.571 16.571    0  1.078   47021127    8847058  19837  49592    446
317.9389 16.571 16.571    0  1.078   58390203   10694042  12402  31005    862  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.585 16.585    0  1.001    3927449     705802   2095   5237    337
305.8987 16.585 16.585    0  1.001    5324052     993694   2596   6490    383  0.74(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.131 15.131    0  0.984   32650439    6950495  10672  26680    651
333.9339 15.131 15.131    0  0.984   41744217    8600799   7064  17660   1218  0.78(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.145 15.145    0  1.001    3511832     701203   3354   8385    209
321.8936 15.145 15.145    0  1.001    4396676     875327   2217   5542    395  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.145 15.145    0  0.985   10476784    2194045   3535   8837    621

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL4_00086 Amount Added:   2.00 Units: uL
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Report Date: 18-Dec-2019 01:04:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_002.d
Injection Date: 17-Dec-2019 14:49:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346137 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          16.59

18.97 23.1020.4415.12

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.59

18.99 23.09

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

13.02

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

18.97
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Report Date: 18-Dec-2019 01:04:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_002.d
Injection Date: 17-Dec-2019 14:49:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346137 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

7

15

23

31

39

47

55

63

71

79

87

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 18-Dec-2019 01:04:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_002.d
Injection Date: 17-Dec-2019 14:49:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346137 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F1:m/z     319.8965:SG5Pt_x1

2,3,7,8-TCDD

2,3,7,8-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F1:m/z     321.8936:SG5Pt_x1

2,3,7,8-TCDD

2,3,7,8-TCDD

TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

10

21

32

43

54

65

76

87

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 18-Dec-2019 01:04:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_002.d
Injection Date: 17-Dec-2019 14:49:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346137 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
00

)

F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

7

15

23

31

39

47

55

63

71

79

87

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

Page 1416 of 1734



Report Date: 18-Dec-2019 01:04:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_002.d
Injection Date: 17-Dec-2019 14:49:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346137 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

45

48

51

54

57

60

63

66

69

72

75

78

81

84

87

90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56911-1

DFS 1

10/19/2019  01:37

10/18/2019  20:50

10/19/2019  00:02

ICV 320-332505/9

DB-5

Eurofins TestAmerica, Sacramento

Lab File ID: 18oc19adfs1_10.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDF AveID 1.233 1.203 39.0 40.0 98 70-130

2,3,7,8-TCDD AveID 1.199 1.251 41.7 40.0 104 70-130

1,2,3,7,8-PeCDF AveID 1.169 1.115 191 200 95 70-130

2,3,4,7,8-PeCDF AveID 1.186 1.268 214 200 107 70-130

1,2,3,7,8-PeCDD AveID 1.120 1.051 188 200 94 70-130

1,2,3,4,7,8-HxCDF AveID 1.302 1.274 196 200 98 70-130

1,2,3,6,7,8-HxCDF AveID 1.291 1.277 198 200 99 70-130

2,3,4,6,7,8-HxCDF AveID 1.304 1.343 206 200 103 70-130

1,2,3,4,7,8-HxCDD AveID 1.172 1.158 198 200 99 70-130

1,2,3,6,7,8-HxCDD AveID 1.126 1.154 205 200 102 70-130

1,2,3,7,8,9-HxCDD AveID 1.233 1.204 195 200 98 70-130

1,2,3,7,8,9-HxCDF AveID 1.333 1.264 190 200 95 70-130

1,2,3,4,6,7,8-HpCDF AveID 1.618 1.591 197 200 98 70-130

1,2,3,4,6,7,8-HpCDD AveID 1.124 1.109 197 200 99 70-130

1,2,3,4,7,8,9-HpCDF AveID 1.467 1.394 190 200 95 70-130

OCDD AveID 1.186 1.188 401 400 100 70-130

OCDF AveID 1.542 1.526 396 400 99 70-130

13C-2,3,7,8-TCDF Ave 1.610 1.612 100 100 100 71-140

13C-2,3,7,8-TCDD Ave 0.998 0.995 99.7 100 100 82-121

13C-1,2,3,7,8-PeCDF Ave 1.368 1.368 100 100 100 76-130

13C-2,3,4,7,8-PeCDF Ave 1.304 1.329 102 100 102 77-130

13C-1,2,3,7,8-PeCDD Ave 0.8292 0.8372 101 100 101 62-160

13C-1,2,3,4,7,8-HxCDF Ave 1.170 1.174 100 100 100 76-131

13C-1,2,3,6,7,8-HxCDF Ave 1.317 1.285 97.6 100 98 70-143

13C-2,3,4,6,7,8-HxCDF Ave 1.287 1.212 94.2 100 94 73-137

13C-1,2,3,4,7,8-HxCDD Ave 0.8364 0.8098 96.8 100 97 85-117

13C-1,2,3,6,7,8-HxCDD Ave 0.9040 0.8739 96.7 100 97 85-118

13C-1,2,3,7,8,9-HxCDF Ave 1.199 1.134 94.6 100 95 74-135

13C-1,2,3,4,6,7,8-HpCDF Ave 0.9689 0.9357 96.6 100 97 78-129

13C-1,2,3,4,6,7,8-HpCDD Ave 0.9114 0.8721 95.7 100 96 72-138

13C-1,2,3,4,7,8,9-HpCDF Ave 0.9231 0.9100 98.6 100 99 77-129

13C-OCDD Ave 0.6272 0.6020 192 200 96 48-208

37Cl4-2,3,7,8-TCDD Ave 1.451 1.430 39.4 40.0 99 79-127

FORM VII 1613B
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 19-Oct-2019 01:37:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: ICV HRDXNIC_00042
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist:

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 12:13:03 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 23-Oct-2019 12:11:23

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 20.694    5155346 0.81  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 19.735    8312358 0.80   1.6096       100.2       100.2   0.2315   0.2315    100
  2,3,7,8-TCDF 19.752    4000606 0.82   1.2332        39.0        39.0   0.0969   0.0969  97.57
A Non-2,3,7,8-sub-TCDF 19.420      38027 0.88   1.2332      0.3710      0.3710   0.0969   0.3710
S Total TCDF        39.4        39.4   0.0969   0.0969

D 13C-2,3,7,8-TCDD 21.057    5130157 0.79   0.9984        99.7        99.7   0.1663   0.1663  99.67
  2,3,7,8-TCDD 21.092    2566661 0.80   1.1988        41.7        41.7   0.0731   0.0731    104
$ 37Cl4-2,3,7,8-TCDD 21.092    2949400   1.4510        39.4        39.4   0.0194   0.0194  98.57

A Non-2,3,7,8-sub-TCDD 20.259      52362 0.89   1.1988      0.8514      0.8514   0.0731   0.8514
S Total TCDD        42.6        42.6   0.0731   0.0731

D 13C-1,2,3,7,8-PeCDF 26.771    7054937 1.60   1.3678       100.1       100.1   0.4869   0.4869    100
  1,2,3,7,8-PeCDF 26.788   15729997 1.59   1.1689       190.7       190.7   0.9799   0.9799  95.37
D 13C-2,3,4,7,8-PeCDF 28.264    6853528 1.60   1.3045       101.9       101.9   0.5105   0.5105    102
  2,3,4,7,8-PeCDF 28.289   17383362 1.58   1.1861       213.8       213.8    1.063    1.063    107
A F1 PeCDFs 24.168        768 1.55   1.1775      0.0249    0.009379 0.009348 0.009379  RQ
A Non-2,3,7,8-sub-PeCDF 27.601     376250 1.67   1.1775       4.595       4.595    1.019    4.595
S Total PeCDF       409.2       409.2    1.021    1.021  RQ

D 13C-1,2,3,7,8-PeCDD 29.069    4316194 1.57   0.8292       101.0       101.0   0.2242   0.2242    101
  1,2,3,7,8-PeCDD 29.094    9075426 1.58   1.1200       187.7       187.7   0.2701   0.2701  93.87
A Non-2,3,7,8-sub-PeCDD 27.971   0.2701   0.2701  Rn
S Total PeCDD       187.7       187.7   0.2701   0.2701

D 13C-1,2,3,4,7,8-HxCDF 34.557    6958692 0.53   1.1700       100.4       100.4   0.4253   0.4253    100
  1,2,3,4,7,8-HxCDF 34.582   17736282 1.27   1.3021       195.7       195.7    1.023    1.023  97.87
D 13C-1,2,3,6,7,8-HxCDF 34.725    7616008 0.54   1.3168        97.6        97.6   0.3779   0.3779  97.61
  1,2,3,6,7,8-HxCDF 34.750   19449922 1.27   1.2907       197.9       197.9   0.9457   0.9457  98.93
D 13C-2,3,4,6,7,8-HxCDF 35.589    7183471 0.54   1.2873        94.2        94.2   0.3865   0.3865  94.17
  2,3,4,6,7,8-HxCDF 35.605   19297280 1.27   1.3039       206.0       206.0   0.8746   0.8746    103
D 13C-1,2,3,7,8,9-HxCDF 36.503    6717434 0.53   1.1987        94.6        94.6   0.4151   0.4151  94.57
  1,2,3,7,8,9-HxCDF 36.511   16982235 1.27   1.3329       189.7       189.7   0.8510   0.8510  94.84
A Non-2,3,7,8-sub-HxCDF 34.726   0.9191   0.9191
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF       789.3       789.3   0.9235   0.9235

* 13C-1,2,3,7,8,9-HxCDD 36.301    5925707 1.25  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.807    4798641 1.29   0.8364        96.8        96.8   0.2248   0.2248  96.82
  1,2,3,4,7,8-HxCDD 35.823   11115360 1.25   1.1725       197.6       197.6   0.3816   0.3816  98.78
D 13C-1,2,3,6,7,8-HxCDD 35.932    5178383 1.28   0.9040        96.7        96.7   0.2080   0.2080  96.66
  1,2,3,6,7,8-HxCDD 35.941   11948127 1.24   1.1256       205.0       205.0   0.3851   0.3851    102
  1,2,3,7,8,9-HxCDD 36.318   12016721 1.24   1.2327       195.4       195.4   0.3572   0.3572  97.71
A Non-2,3,7,8-sub-HxCDD 35.124   0.3742   0.3742
S Total HxCDD       598.0       598.0   0.3747   0.3747

D 13C-1,2,3,4,6,7,8-HpCDF 38.343    5544767 0.46   0.9689        96.6        96.6   0.3944   0.3944  96.58
  1,2,3,4,6,7,8-HpCDF 38.351   17648799 1.09   1.6176       196.8       196.8    1.246    1.246  98.38
D 13C-1,2,3,4,7,8,9-HpCDF 39.601    5392462 0.46   0.9231        98.6        98.6   0.4139   0.4139  98.58
  1,2,3,4,7,8,9-HpCDF 39.618   15029154 1.07   1.4672       190.0       190.0    1.284    1.284  94.98
A Non-2,3,7,8-sub-HpCDF 39.037    1.262    1.262
S Total HpCDF       386.7       386.7    1.265    1.265

D 13C-1,2,3,4,6,7,8-HpCDD 39.299    5167508 1.06   0.9114        95.7        95.7   0.4194   0.4194  95.68
  1,2,3,4,6,7,8-HpCDD 39.308   11457042 1.05   1.1237       197.3       197.3   0.7084   0.7084  98.65
A Non-2,3,7,8-sub-HpCDD 39.134   0.7084   0.7084  n
S Total HpCDD       197.3       197.3   0.7084   0.7084

D 13C-OCDD 41.739    7134480 0.91   0.6272       192.0       192.0   0.3045   0.3045  95.98
  OCDF 41.831   21776527 0.92   1.5416       396.0       396.0   0.3295   0.3295  99.00
  OCDD 41.747   16951341 0.90   1.1855       400.8       400.8   0.3651   0.3651    100

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNIC_00042 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 19-Oct-2019 01:37:00 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: ICV HRDXNIC_00042
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist:

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 12:13:03 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0320

First Level Reviewer: shardaa Date: 23-Oct-2019 12:11:23

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 20.694 20.694    0    2308384     350358    348    870   1007
333.9338 20.694 20.694    0    2846962     438752    176    440   2493  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 19.735 19.735    0  0.954    3703589     562717    729   1822    772
317.9389 19.735 19.735    0  0.954    4608769     719621    447   1117   1610  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 19.752 19.752    0  1.001    1804695     280525    271    677   1035
305.8987 19.761 19.752    1  1.001    2195911     345206    342    855   1009  0.82(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 18.542 19.420  -53  0.940      17830       3126    271    677     12
305.8987 18.559 19.420  -52  0.940      20197       3740    342    855     11  0.88(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 21.057 21.057    0  1.018    2270927     331538    348    870    953
333.9338 21.066 21.057    1  1.018    2859230     416095    176    440   2364  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 21.092 21.092    0  1.002    1138503     163912    160    400   1024
321.8936 21.092 21.092    0  1.002    1428158     204843    102    255   2008  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 21.092 21.092    0  1.019    2949400     429793     89    222   4829

A Non-2,3,7,8-sub-TCDD

319.8965 20.902 20.259   39  0.993      24681       4525    160    400     28
321.8936 20.902 20.259   39  0.993      27681       5038    102    255     49  0.89(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 26.771 26.771    0  1.294    4338458     735393   1286   3215    572
353.8970 26.763 26.771   -1  1.293    2716479     473572    816   2040    580  1.60(1.32-1.78)
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDF
339.8597 26.788 26.788    0  1.001    9651753    1678013   3365   8412    499
341.8567 26.788 26.788    0  1.001    6078244    1073320   2174   5435    494  1.59(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 28.264 28.264    0  1.366    4214229     670872   1286   3215    522
353.8970 28.264 28.264    0  1.366    2639299     427706    816   2040    524  1.60(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 28.289 28.289    0  1.001   10635849    1747334   3365   8412    519
341.8567 28.289 28.289    0  1.001    6747513    1106562   2174   5435    509  1.58(1.32-1.78)

A F1 PeCDFs RQ

339.8597 23.979 24.168  -11  0.896        467        211     17     42     12
341.8567 23.979 24.168  -11  0.896       1570        429     34     85     13  0.30(1.32-1.78)

Empc Correction        301        136     34     85      4

A Non-2,3,7,8-sub-PeCDF

339.8597 27.375 27.601  -14  1.023     235103      42006   3365   8412     12
341.8567 27.375 27.601  -14  1.023     141147      24959   2174   5435     11  1.67(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 29.069 29.069    0  1.405    2637174     413083    321    802   1287
369.8919 29.061 29.069   -1  1.404    1679020     264527    266    665    994  1.57(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 29.094 29.094    0  1.001    5556624     862403    508   1270   1698
357.8516 29.094 29.094    0  1.001    3518802     548850    312    780   1759  1.58(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 27.199 27.971  -46  0.936      11542       1614    508   1270      3
357.8516 27.199 27.971  -46  0.936      10370       1284    312    780      4  1.11(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 34.557 34.557    0  0.952    2409199     527292   1094   2735    482
385.8610 34.557 34.557    0  0.952    4549493    1019881   2055   5137    496  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 34.582 34.582    0  1.001    9920458    2197328   4628  11570    475
375.8178 34.574 34.582   -1  1.000    7815824    1732710   3612   9030    480  1.27(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 34.725 34.725    0  0.957    2663871     587760   1094   2735    537
385.8610 34.733 34.725    1  0.957    4952137    1099827   2055   5137    535  0.54(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 34.750 34.750    0  1.001   10879090    2406117   4628  11570    520
375.8178 34.750 34.750    0  1.001    8570832    1913378   3612   9030    530  1.27(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 35.589 35.589    0  0.980    2525730     632748   1094   2735    578
385.8610 35.589 35.589    0  0.980    4657741    1173628   2055   5137    571  0.54(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 35.605 35.605    0  1.000   10781184    2705679   4628  11570    585
375.8178 35.605 35.605    0  1.000    8516096    2140631   3612   9030    593  1.27(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 36.503 36.503    0  1.006    2338881     635770   1094   2735    581
385.8610 36.503 36.503    0  1.006    4378553    1180333   2055   5137    574  0.53(0.43-0.59)
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8,9-HxCDF
373.8208 36.511 36.511    0  1.000    9514071    2514047   4628  11570    543
375.8178 36.511 36.511    0  1.000    7468164    1999417   3612   9030    554  1.27(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 34.726    4628   11570
375.8178 34.726    3612    9030

13C-1,2,3,7,8,9-HxCDD
401.8559 36.301 36.301    0    3296027     874276    648   1620   1349
403.8529 36.301 36.301    0    2629680     707766    542   1355   1306  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.807 35.807    0  0.986    2701873     733595    648   1620   1132
403.8529 35.807 35.807    0  0.986    2096768     561937    542   1355   1037  1.29(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.823 35.823    0  1.000    6172939    1633953   1299   3247   1258
391.8127 35.823 35.823    0  1.000    4942421    1311551   1020   2550   1286  1.25(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.932 35.932    0  0.990    2902492     755386    648   1620   1166
403.8529 35.924 35.932   -1  0.990    2275891     581828    542   1355   1073  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 35.941 35.941    0  1.000    6624674    1717353   1299   3247   1322
391.8127 35.941 35.941    0  1.000    5323453    1397977   1020   2550   1371  1.24(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 36.318 36.318    0  1.014    6658701    1783247   1299   3247   1373
391.8127 36.318 36.318    0  1.014    5358020    1429582   1020   2550   1402  1.24(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8158 35.124    1299    3247
391.8127 35.124    1020    2550

13C-1,2,3,4,6,7,8-HpCDF
417.8250 38.343 38.343    0  1.056    1736836     563321    880   2200    640
419.8220 38.343 38.343    0  1.056    3807931    1234459   1538   3845    803  0.46(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 38.351 38.351    0  1.000    9212511    3059348   7571  18927    404
409.7788 38.351 38.351    0  1.000    8436288    2839436   6918  17295    410  1.09(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.601 39.601    0  1.091    1690475     605368    880   2200    688
419.8220 39.601 39.601    0  1.091    3701987    1317619   1538   3845    857  0.46(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.618 39.618    0  1.000    7759818    2687687   7571  18927    355
409.7788 39.610 39.618   -1  1.000    7269336    2566694   6918  17295    371  1.07(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 39.037    7571   18927
409.7788 39.037    6918   17295

13C-1,2,3,4,6,7,8-HpCDD
435.8169 39.299 39.299    0  1.083    2661583     943294   1190   2975    793
437.8140 39.299 39.299    0  1.083    2505925     886491   1229   3072    721  1.06(0.88-1.20)
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,7,8-HpCDD
423.7767 39.308 39.308    0  1.000    5858627    2065691   2983   7457    692
425.7737 39.308 39.308    0  1.000    5598415    1975246   2843   7107    695  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7767 38.670 39.134  -28  0.984      71885      20893   2983   7457      7
425.7737 38.670 39.134  -28  0.984      67326      20604   2843   7107      7  1.07(0.88-1.20)

13C-OCDD
469.7780 41.739 41.739    0  1.150    3390242    1134693    609   1522   1863
471.7750 41.739 41.739    0  1.150    3744238    1231928    600   1500   2053  0.91(0.76-1.02)

OCDF
441.7428 41.831 41.831    0  1.002   10458810    3466419   1180   2950   2938
443.7399 41.831 41.831    0  1.002   11317717    3764448   1224   3060   3076  0.92(0.76-1.02)

OCDD
457.7377 41.747 41.747    0  1.000    8035285    2639153    959   2397   2752
459.7348 41.747 41.747    0  1.000    8916056    2927950   1090   2725   2686  0.90(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNIC_00042 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Lims ID: ICV
Client ID:
Inject. Date: 19-Oct-2019 01:37:00 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 9
Sublist:

Non-2,3,7,8-sub-TCDF, RT: 19.420

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.233 D 13C-2,3,7,8-TCDF                        100.000         8312358         1282338
Averages:

RRFn Qis Ris Area Ris Height
  1.233        100.000         8312358         1282338

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

18.542             17830              3126             20197              3740      0.3710 0.88
Signal Totals:

            17830              3126             20197              3740
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            38027              6866 0.88

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3710 = (38027 * 100.000) / (8312358 * 1.233)
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Lims ID: ICV
Client ID:
Inject. Date: 19-Oct-2019 01:37:00 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 9
Sublist:

Non-2,3,7,8-sub-TCDD, RT: 20.259

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.199 D 13C-2,3,7,8-TCDD                        100.000         5130157          747633
Averages:

RRFn Qis Ris Area Ris Height
  1.199        100.000         5130157          747633

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

20.902             24681              4525             27681              5038      0.8514 0.89
Signal Totals:

            24681              4525             27681              5038
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            52362              9563 0.89

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.8514 = (52362 * 100.000) / (5130157 * 1.199)
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Lims ID: ICV
Client ID:
Inject. Date: 19-Oct-2019 01:37:00 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 9
Sublist:

F1 PeCDFs, RT: 24.168

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         7054937         1208965
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         6853528         1098578
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         6954232         1153771

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

23.979               467               211              1570               429      0.0249 0.30 RQ
23.979               467               211               301               136    0.009379 Empc Correction
Signal Totals:

              467               211               301               136
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             2037               640 0.30 RQ
              768               347 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.0249 = (2037 * 100.000) / (6954232 * 1.178)
Empc Amount:       0.009379 = (768 * 100.000) / (6954232 * 1.178)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Lims ID: ICV
Client ID:
Inject. Date: 19-Oct-2019 01:37:00 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 9
Sublist:

Non-2,3,7,8-sub-PeCDF, RT: 27.601

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         7054937         1208965
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         6853528         1098578
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         6954232         1153771

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

27.375            235103             42006            141147             24959        4.59 1.67
Signal Totals:

           235103             42006            141147             24959
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           376250             66965 1.67

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.595 = (376250 * 100.000) / (6954232 * 1.178)
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Report Date: 23-Oct-2019 12:13:12 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          19.75

19.06

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          19.76

19.05

TCDF Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          19.73

20.31

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          19.73

19.03 20.2120.33
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          19.75

19.06

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          19.76

19.05

TCDF Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

)

F1:m/z     375.8364:SG5Pt_x1

21.07

21.1220.73
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          21.09

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F1:m/z     321.8936:SG5Pt_x1
2,3,7,8-TCDD
          21.09

19.64

TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          20.69 13C-2,3,7,8-TCDD

          21.06

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1
13C-1,2,3,4-TCDD
          20.69 13C-2,3,7,8-TCDD

          21.07

21.89
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

5
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40

45
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Y
 ( 

X
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00
0)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          21.09

37Cl4-TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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0
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Y
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X
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0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          20.69 13C-2,3,7,8-TCDD

          21.06

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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0

5

10

15

20
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35

40
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Y
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X
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F1:m/z     333.9338:SG5Pt_x1

13C-1,2,3,4-TCDD
          20.69 13C-2,3,7,8-TCDD

          21.07

21.89
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Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  23.98

16.93
15.51

19.86
17.79

15.23

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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1

5

9
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17

21
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Y
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F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  23.98

16.94

23.10
16.58
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Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

4

7

10

13

16

19

22

25

28

31

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  23.98

16.93
15.51

19.86
17.79

15.23

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

6

11

16

21

26

31

36

41

46

51

56

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  23.98

16.94

23.1016.58

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

18

20

22

24
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30

32

34
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40

Y

F1:m/z     409.7974:SG5Pt_x1

21.00

20.71
22.8618.75
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Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597:SG5Pt_x1
2,3,4,7,8-PeCDF
          28.29

1,2,3,7,8-PeCDF
          26.79

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6
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10

12
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Y
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X
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00
00

)

F2:m/z     341.8567:SG5Pt_x1
2,3,4,7,8-PeCDF
          28.29

1,2,3,7,8-PeCDF
          26.79

PeCDF Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0
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Y
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X
10

00
0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          26.77

27.35

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
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Y
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X
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00
0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          26.76

27.37
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Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597:SG5Pt_x1

2,3,4,7,8-PeCDF
          28.291,2,3,7,8-PeCDF

          26.79

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6
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12
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Y
 ( 

X
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00
00

)

F2:m/z     341.8567:SG5Pt_x1

2,3,4,7,8-PeCDF
          28.29

1,2,3,7,8-PeCDF
          26.79

PeCDF Interference Mass

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
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0)

F2:m/z     409.7974:SG5Pt_x1
30.53

26.31 30.9228.57
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Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          29.09

27.20

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0
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45
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Y
 ( 

X
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00
0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          29.09

27.20

PeCDD Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

7

14

21
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35

42

49

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          29.07

26.91

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

4

8

12
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24

28

32

Y
 ( 

X
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00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          29.06

29.4126.88
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Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

5

10

15

20

25

30

Y
 ( 

X
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00
00

)

F3:m/z     373.8208:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          35.61

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

4

8

12

16

20

24

Y
 ( 

X
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)

F3:m/z     375.8178:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          35.61

HxCDF Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
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Y
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X
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F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          36.50

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
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0
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Y
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X
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00
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)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          36.50
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          35.61

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min
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Y
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X
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00
00

)

F3:m/z     375.8178:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          35.61

HxCDF Interference Mass

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

1

4

7

10

13

16
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X
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)

F3:m/z     445.7555:SG5Pt_x1

37.4235.25
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Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
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00
00

)

F3:m/z     389.8158:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          36.32

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

3

6

9

12

15
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Y
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X
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00
00

)

F3:m/z     391.8127:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          36.32

HxCDD Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0
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6
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Y
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X
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00
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)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.30

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0
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22

33
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55
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77

Y
 ( 

X
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00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          36.30
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F4:m/z     407.7817:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          38.35 1,2,3,4,7,8,9-HpCDF

          39.62

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

5

10

15
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Y
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X
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00
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)

F4:m/z     409.7788:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          38.35 1,2,3,4,7,8,9-HpCDF

          39.61

HpCDF Standards

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min
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F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.6013C-1,2,3,4,6,7,8-HpCDF

          38.34
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)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.6013C-1,2,3,4,6,7,8-HpCDF

          38.34
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Report Date: 23-Oct-2019 12:13:13 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

4

8
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X
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00
00

)

F4:m/z     407.7817:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          38.35

1,2,3,4,7,8,9-HpCDF
          39.62

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0
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33

Y
 ( 

X
10

00
00

)

F4:m/z     409.7788:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          38.35 1,2,3,4,7,8,9-HpCDF

          39.61

HpCDF Interference Mass

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0
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24

32
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80
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Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1
40.31

39.11 39.90

38.49
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Report Date: 23-Oct-2019 12:13:13 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F4:m/z     423.7767:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          39.31

38.67

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min
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Y
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X
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00
00

)

F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          39.31

38.67

HpCDD Standards

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min
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00
00

)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          39.30

38.65

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
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00
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)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          39.30

38.66
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Report Date: 23-Oct-2019 12:13:13 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

6

12
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24
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Y
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X
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00
00

)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.83

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0
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Y
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X
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)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.83

OCDF Standards

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min
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)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.74

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min
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X
10

00
00

)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.74
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Report Date: 23-Oct-2019 12:13:13 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.83

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

0

4

8
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20
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28
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40
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Y
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X
10

00
00

)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.83

OCDF Interference Mass

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min

1

6

11

16

21

26

31

36

41

46

51

56

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1

43.19
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Report Date: 23-Oct-2019 12:13:13 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min
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)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.75
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)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.75

OCDD Standards

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
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)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.74

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
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)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.74
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Report Date: 23-Oct-2019 12:13:13 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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F1:m/z     304.9817:SG5Pt_x1
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F2:m/z     330.9785:SG5Pt_x1
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F3:m/z     380.9753:SG5Pt_x1
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F4:m/z     430.9723:SG5Pt_x1
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Report Date: 23-Oct-2019 12:13:13 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_10.d
Injection Date: 19-Oct-2019 01:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm

40.5 40.9 41.3 41.7 42.1 42.5 42.9 43.3 43.7 44.1 44.5 44.9
Min
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13
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Y

F5:m/z     442.9721:SG5Pt_x1
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56911-1

DFS 1

12/13/2019  13:24

10/18/2019  20:50

10/19/2019  00:02

CCV 320-345338/2

DB-5

Eurofins TestAmerica, Sacramento

Lab File ID: 13de19dfs1_3.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDF AveID 1.233 1.093 8.87 10.0 89 84-120

2,3,7,8-TCDD AveID 1.199 1.105 9.22 10.0 92 78-129

1,2,3,7,8-PeCDF AveID 1.169 1.036 44.3 50.0 89 82-120

2,3,4,7,8-PeCDF AveID 1.186 1.012 42.7 50.0 85 82-122

1,2,3,7,8-PeCDD AveID 1.120 1.090 48.7 50.0 97 78-130

1,2,3,4,7,8-HxCDF AveID 1.302 1.178 45.2 50.0 90 90-112

1,2,3,6,7,8-HxCDF AveID 1.291 1.215 47.0 50.0 94 88-114

2,3,4,6,7,8-HxCDF AveID 1.304 1.244 47.7 50.0 95 88-114

1,2,3,4,7,8-HxCDD AveID 1.172 1.032 44.0 50.0 88 78-128

1,2,3,6,7,8-HxCDD AveID 1.126 1.040 46.2 50.0 92 78-128

1,2,3,7,8,9-HxCDD AveID 1.233 1.099 44.6 50.0 89 82-122

1,2,3,7,8,9-HxCDF AveID 1.333 1.242 46.6 50.0 93 90-112

1,2,3,4,6,7,8-HpCDF AveID 1.618 1.517 46.9 50.0 94 90-110

1,2,3,4,6,7,8-HpCDD AveID 1.124 1.027 45.7 50.0 91 86-116

1,2,3,4,7,8,9-HpCDF AveID 1.467 1.308 44.6 50.0 89 86-116

OCDD AveID 1.186 1.072 90.4 100 90 79-126

OCDF AveID 1.542 1.360 88.2 100 88 63-159

13C-2,3,7,8-TCDF Ave 1.610 1.398 86.9 100 87 71-140

13C-2,3,7,8-TCDD Ave 0.998 0.9602 96.2 100 96 82-121

13C-1,2,3,7,8-PeCDF Ave 1.368 1.228 89.8 100 90 76-130

13C-2,3,4,7,8-PeCDF Ave 1.304 1.218 93.4 100 93 77-130

13C-1,2,3,7,8-PeCDD Ave 0.8292 0.7666 92.4 100 92 62-160

13C-1,2,3,4,7,8-HxCDF Ave 1.170 1.036 88.5 100 89 76-131

13C-1,2,3,6,7,8-HxCDF Ave 1.317 1.180 89.6 100 90 70-143

13C-2,3,4,6,7,8-HxCDF Ave 1.287 1.168 90.8 100 91 73-137

13C-1,2,3,4,7,8-HxCDD Ave 0.8364 0.8241 98.5 100 99 85-117

13C-1,2,3,6,7,8-HxCDD Ave 0.9040 0.9219 102 100 102 85-118

13C-1,2,3,7,8,9-HxCDF Ave 1.199 0.9921 82.8 100 83 74-135

13C-1,2,3,4,6,7,8-HpCDF Ave 0.9689 0.8471 87.4 100 87 78-129

13C-1,2,3,4,6,7,8-HpCDD Ave 0.9114 0.8728 95.8 100 96 72-138

13C-1,2,3,4,7,8,9-HpCDF Ave 0.9231 0.8693 94.2 100 94 77-129

13C-OCDD Ave 0.6272 0.6624 211 200 106 48-208

37Cl4-2,3,7,8-TCDD Ave 1.451 1.538 10.6 10.0 106 79-127

FORM VII 1613B
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Report Date: 14-Dec-2019 01:10:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 13-Dec-2019 13:24:00 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-4 HRDXNL4_00086
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Dec-2019 01:10:36 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0304

First Level Reviewer: shardaa Date: 13-Dec-2019 14:46:21

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 19.505    5917039 0.80  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 18.614    8272006 0.82   1.6096        86.9        86.9   0.3361   0.3361  86.85
  2,3,7,8-TCDF 18.632     904432 0.79   1.2332       8.866       8.866   0.0383   0.0383  88.66
A Non-2,3,7,8-sub-TCDF 18.262   0.0383   0.0383
S Total TCDF       8.866       8.866   0.0383   0.0383

D 13C-2,3,7,8-TCDD 19.851    5681711 0.84   0.9984        96.2        96.2   0.2945   0.2945  96.18
  2,3,7,8-TCDD 19.877     628080 0.80   1.1988       9.221       9.221   0.0707   0.0707  92.21
$ 37Cl4-2,3,7,8-TCDD 19.877     910166   1.4510        10.6        10.6   0.0185   0.0185    106

A Non-2,3,7,8-sub-TCDD 19.054   0.0707   0.0707
S Total TCDD       9.221       9.221   0.0707   0.0707

D 13C-1,2,3,7,8-PeCDF 25.763    7265567 1.56   1.3678        89.8        89.8   0.4312   0.4312  89.77
  1,2,3,7,8-PeCDF 25.788    3761740 1.57   1.1689        44.3        44.3   0.2017   0.2017  88.59
D 13C-2,3,4,7,8-PeCDF 27.172    7207825 1.58   1.3045        93.4        93.4   0.4522   0.4522  93.38
  2,3,4,7,8-PeCDF 27.205    3648152 1.57   1.1861        42.7        42.7   0.2193   0.2193  85.34
A F1 PeCDFs 23.271       1261 1.55   1.1775      0.0701      0.0148   0.0135   0.0148   0.00  RQ
A Non-2,3,7,8-sub-PeCDF 26.737   0.2100   0.2100
S Total PeCDF        87.0        87.0   0.2105   0.2105  RQ

D 13C-1,2,3,7,8-PeCDD 27.943    4535738 1.60   0.8292        92.4        92.4   0.1625   0.1625  92.44
  1,2,3,7,8-PeCDD 27.960    2471479 1.63   1.1200        48.7        48.7   0.0911   0.0911  97.30
A Non-2,3,7,8-sub-PeCDD 26.873      12183 1.55   1.1200      0.5111      0.2398   0.0911   0.2398   0.00  RQ
S Total PeCDD        49.2        48.9   0.0911   0.0911  RQ

D 13C-1,2,3,4,7,8-HxCDF 33.708    6023139 0.54   1.1700        88.5        88.5   0.3483   0.3483  88.54
  1,2,3,4,7,8-HxCDF 33.725    3548053 1.26   1.3021        45.2        45.2   0.2308   0.2308  90.48
D 13C-1,2,3,6,7,8-HxCDF 33.901    6861908 0.52   1.3168        89.6        89.6   0.3095   0.3095  89.63
  1,2,3,6,7,8-HxCDF 33.918    4167007 1.26   1.2907        47.0        47.0   0.2124   0.2124  94.10
D 13C-2,3,4,6,7,8-HxCDF 34.874    6793586 0.53   1.2873        90.8        90.8   0.3165   0.3165  90.77
  2,3,4,6,7,8-HxCDF 34.891    4227056 1.25   1.3039        47.7        47.7   0.1819   0.1819  95.44
D 13C-1,2,3,7,8,9-HxCDF 35.872    5768039 0.54   1.1987        82.8        82.8   0.3399   0.3399  82.76
  1,2,3,7,8,9-HxCDF 35.889    3583185 1.26   1.3329        46.6        46.6   0.1904   0.1904  93.21
A Non-2,3,7,8-sub-HxCDF 33.765   0.2022   0.2022
S Total HxCDF       186.6       186.6   0.2039   0.2039
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Report Date: 14-Dec-2019 01:10:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 35.671    5814141 1.24  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.126    4791326 1.27   0.8364        98.5        98.5   0.2778   0.2778  98.53
  1,2,3,4,7,8-HxCDD 35.142    2471149 1.26   1.1725        44.0        44.0   0.1309   0.1309  87.98
D 13C-1,2,3,6,7,8-HxCDD 35.251    5360312 1.28   0.9040       102.0       102.0   0.2570   0.2570    102
  1,2,3,6,7,8-HxCDD 35.277    2786489 1.25   1.1256        46.2        46.2   0.1344   0.1344  92.37
  1,2,3,7,8,9-HxCDD 35.679    2788243 1.26   1.2327        44.6        44.6   0.1236   0.1236  89.12
A Non-2,3,7,8-sub-HxCDD 34.302   0.1295   0.1295
S Total HxCDD       134.7       134.7   0.1297   0.1297

D 13C-1,2,3,4,6,7,8-HpCDF 37.858    4925411 0.45   0.9689        87.4        87.4   0.5449   0.5449  87.44
  1,2,3,4,6,7,8-HpCDF 37.866    3736169 1.04   1.6176        46.9        46.9   0.3229   0.3229  93.79
D 13C-1,2,3,4,7,8,9-HpCDF 39.174    5054025 0.45   0.9231        94.2        94.2   0.5719   0.5719  94.17
  1,2,3,4,7,8,9-HpCDF 39.191    3305195 1.05   1.4672        44.6        44.6   0.3198   0.3198  89.14
A Non-2,3,7,8-sub-HpCDF 38.571   0.3205   0.3205
S Total HpCDF        91.5        91.5   0.3214   0.3214

D 13C-1,2,3,4,6,7,8-HpCDD 38.872    5074561 1.07   0.9114        95.8        95.8   0.3268   0.3268  95.76
  1,2,3,4,6,7,8-HpCDD 38.881    2604714 1.03   1.1237        45.7        45.7   0.1778   0.1778  91.36
A Non-2,3,7,8-sub-HpCDD 38.803   0.1778   0.1778
S Total HpCDD        45.7        45.7   0.1778   0.1778

D 13C-OCDD 41.309    7702171 0.90   0.6272       211.2       211.2   0.4174   0.4174    106
  OCDF 41.384    5237696 0.92   1.5416        88.2        88.2   0.1910   0.1910  88.22
  OCDD 41.317    4129113 0.89   1.1855        90.4        90.4   0.2114   0.2114  90.44

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNL4_00086 Amount Added:   1.00 Units: mL
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Report Date: 14-Dec-2019 01:10:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 13-Dec-2019 13:24:00 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: CS-4 HRDXNL4_00086
Operator ID: Xcalibur_System Instrument ID: DFS 1
Sublist: chrom-Dioxin_DFS1*sub1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Dec-2019 01:10:36 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0304

First Level Reviewer: shardaa Date: 13-Dec-2019 14:46:21

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 19.505 19.505    0    2623263     409559    705   1762    581
333.9338 19.505 19.505    0    3293776     512248    379    947   1352  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 18.614 18.614    0  0.954    3719287     590213   1373   3432    430
317.9389 18.606 18.614   -1  0.954    4552719     742725    622   1555   1194  0.82(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.632 18.632    0  1.001     399395      65530     83    207    790
305.8987 18.632 18.632    0  1.001     505037      78772    169    422    466  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF
303.9016 18.262      83     207
305.8987 18.262     169     422

13C-2,3,7,8-TCDD
331.9368 19.851 19.851    0  1.018    2589512     388859    705   1762    552
333.9338 19.851 19.851    0  1.018    3092199     450723    379    947   1189  0.84(0.65-0.89)

2,3,7,8-TCDD
319.8965 19.877 19.877    0  1.001     278336      40184    206    515    195
321.8936 19.877 19.877    0  1.001     349744      51257     79    197    649  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19.877 19.877    0  1.019     910166     135255     99    247   1366

A Non-2,3,7,8-sub-TCDD
319.8965 19.054     206     515
321.8936 19.054      79     197

13C-1,2,3,7,8-PeCDF
351.9000 25.763 25.763    0  1.321    4432243     755658   1435   3587    527
353.8970 25.763 25.763    0  1.321    2833324     468933    740   1850    634  1.56(1.32-1.78)
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Report Date: 14-Dec-2019 01:10:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDF
339.8597 25.788 25.788    0  1.001    2296114     381985    656   1640    582
341.8567 25.780 25.788   -1  1.001    1465626     245801    499   1247    493  1.57(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 27.172 27.172    0  1.393    4417410     677623   1435   3587    472
353.8970 27.180 27.172    1  1.393    2790415     432408    740   1850    584  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 27.205 27.205    0  1.001    2230635     345958    656   1640    527
341.8567 27.205 27.205    0  1.001    1417517     218474    499   1247    438  1.57(1.32-1.78)

A F1 PeCDFs RQ

339.8597 23.067 23.271  -12  0.895        767        228      5     12     46
341.8567 23.067 23.271  -12  0.895       5203        674     69    172     10  0.15(1.32-1.78)

Empc Correction        494        147     69    172      2

A Non-2,3,7,8-sub-PeCDF
339.8597 26.737     656    1640
341.8567 26.737     499    1247

13C-1,2,3,7,8-PeCDD
367.8949 27.943 27.943    0  1.433    2788143     417943    280    700   1493
369.8919 27.935 27.943   -1  1.432    1747595     263345    217    542   1214  1.60(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 27.960 27.960    0  1.001    1533441     223894    189    472   1185
357.8516 27.960 27.960    0  1.001     938038     141186     89    222   1586  1.63(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 28.731 26.873  111  1.028      21185       1968    189    472     10
Empc Correction       7405        788    189    472      4

357.8516 28.773 26.873  114  1.030       4778        509     89    222      6  4.43(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 33.708 33.708    0  0.945    2110431     361508    688   1720    525
385.8610 33.700 33.708   -1  0.945    3912708     683980   1315   3287    520  0.54(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 33.725 33.725    0  1.000    1978137     341921    728   1820    470
375.8178 33.725 33.725    0  1.000    1569916     273899    529   1322    518  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 33.901 33.901    0  0.950    2351595     392538    688   1720    571
385.8610 33.901 33.901    0  0.950    4510313     753743   1315   3287    573  0.52(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 33.918 33.918    0  1.000    2326603     372742    728   1820    512
375.8178 33.918 33.918    0  1.000    1840404     299886    529   1322    567  1.26(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 34.874 34.874    0  0.978    2347375     457944    688   1720    666
385.8610 34.874 34.874    0  0.978    4446211     866922   1315   3287    659  0.53(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 34.891 34.891    0  1.000    2344381     472051    728   1820    648
375.8178 34.891 34.891    0  1.000    1882675     378966    529   1322    716  1.25(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 35.872 35.872    0  1.006    2011360     433481    688   1720    630
385.8610 35.872 35.872    0  1.006    3756679     804742   1315   3287    612  0.54(0.43-0.59)
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Report Date: 14-Dec-2019 01:10:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8,9-HxCDF
373.8208 35.889 35.889    0  1.000    1995556     427727    728   1820    588
375.8178 35.889 35.889    0  1.000    1587629     342821    529   1322    648  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 33.765     728    1820
375.8178 33.765     529    1322

13C-1,2,3,7,8,9-HxCDD
401.8559 35.671 35.671    0    3222216     686323    594   1485   1155
403.8529 35.671 35.671    0    2591925     542433    548   1370    990  1.24(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.126 35.126    0  0.985    2685092     579972    594   1485    976
403.8529 35.117 35.126   -1  0.984    2106234     452478    548   1370    826  1.27(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.142 35.142    0  1.000    1379751     294920    332    830    888
391.8127 35.142 35.142    0  1.000    1091398     234396    302    755    776  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.251 35.251    0  0.988    3007312     577974    594   1485    973
403.8529 35.260 35.251    1  0.988    2353000     469768    548   1370    857  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 35.277 35.277    0  1.001    1548567     306476    332    830    923
391.8127 35.277 35.277    0  1.001    1237922     242273    302    755    802  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 35.679 35.679    0  1.016    1551940     323612    332    830    975
391.8127 35.679 35.679    0  1.016    1236303     258240    302    755    855  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8158 34.302     332     830
391.8127 34.302     302     755

13C-1,2,3,4,6,7,8-HpCDF
417.8250 37.858 37.858    0  1.061    1530848     352541   1013   2532    348
419.8220 37.858 37.858    0  1.061    3394563     792672   1582   3955    501  0.45(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 37.866 37.866    0  1.000    1908852     437092   1258   3145    347
409.7788 37.866 37.866    0  1.000    1827317     415333   1135   2837    366  1.04(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.174 39.174    0  1.098    1572241     396860   1013   2532    392
419.8220 39.174 39.174    0  1.098    3481784     878007   1582   3955    555  0.45(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.191 39.191    0  1.000    1690849     421924   1258   3145    335
409.7788 39.183 39.191   -1  1.000    1614346     409383   1135   2837    361  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 38.571    1258    3145
409.7788 38.571    1135    2837

13C-1,2,3,4,6,7,8-HpCDD
435.8169 38.872 38.872    0  1.090    2619581     593769    861   2152    690
437.8140 38.872 38.872    0  1.090    2454980     570945    603   1507    947  1.07(0.88-1.20)
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Report Date: 14-Dec-2019 01:10:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,7,8-HpCDD
423.7767 38.881 38.881    0  1.000    1322038     313691    511   1277    614
425.7737 38.881 38.881    0  1.000    1282676     300388    420   1050    715  1.03(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7767 38.803     511    1277
425.7737 38.803     420    1050

13C-OCDD
469.7780 41.309 41.309    0  1.158    3639232     612364    740   1850    828
471.7750 41.309 41.309    0  1.158    4062939     672644    547   1367   1230  0.90(0.76-1.02)

OCDF
441.7428 41.384 41.384    0  1.002    2513633     503734    311    777   1620
443.7399 41.384 41.384    0  1.002    2724063     538102    446   1115   1207  0.92(0.76-1.02)

OCDD
457.7377 41.317 41.317    0  1.000    1941987     326964    304    760   1076
459.7348 41.317 41.317    0  1.000    2187126     372706    340    850   1096  0.89(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNL4_00086 Amount Added:   1.00 Units: mL
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Report Date: 14-Dec-2019 01:10:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Lims ID: CCV
Client ID:
Inject. Date: 13-Dec-2019 13:24:00 Dil. Factor: 1.0000     
Sample Type: CCV, Cal Verification
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 2
Sublist: chrom-Dioxin_DFS1*sub1

F1 PeCDFs, RT: 23.271

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         7265567         1224591
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         7207825         1110031
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         7236696         1167311

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

23.067               767               228              5203               674      0.0701 0.15 RnQ
23.067               767               228               494               147      0.0148 Empc Correction
Signal Totals:

              767               228               494               147
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             5970               902 0.15 RQ
             1261               375 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.0701 = (5970 * 100.000) / (7236696 * 1.178)
Empc Amount:         0.0148 = (1261 * 100.000) / (7236696 * 1.178)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 14-Dec-2019 01:10:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Lims ID: CCV
Client ID:
Inject. Date: 13-Dec-2019 13:24:00 Dil. Factor: 1.0000     
Sample Type: CCV, Cal Verification
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 2
Sublist: chrom-Dioxin_DFS1*sub1

Non-2,3,7,8-sub-PeCDD, RT: 26.873

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.120 D 13C-1,2,3,7,8-PeCDD                     100.000         4535738          681288
Averages:

RRFn Qis Ris Area Ris Height
  1.120        100.000         4535738          681288

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

28.731             21185              1968              4778               509      0.5111 4.43 RnQ
28.731              7405               788              4778               509      0.2398 Empc Correction
Signal Totals:

             7405               788              4778               509
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            25963              2477 4.43 RQ
            12183              1297 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.5111 = (25963 * 100.000) / (4535738 * 1.120)
Empc Amount:         0.2398 = (12183 * 100.000) / (4535738 * 1.120)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 14-Dec-2019 01:10:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 14-Dec-2019 01:10:36 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          18.63

17.98

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

9

18

27

36

45

54

63

72

81

90

Y
 ( 

X
10

00
)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          18.63

19.04

TCDF Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

6

11

16

21

26

31

36

41

46

Y
 ( 

X
10

)

F1:m/z     375.8364:SG5Pt_x1
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Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          19.88

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F1:m/z     321.8936:SG5Pt_x1
2,3,7,8-TCDD
          19.88

20.53

TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          19.50 13C-2,3,7,8-TCDD

          19.85

20.37

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1
13C-1,2,3,4-TCDD
          19.50

13C-2,3,7,8-TCDD
          19.85

20.34
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Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          19.88

16.08

37Cl4-TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          19.50 13C-2,3,7,8-TCDD

          19.85

20.37

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1

13C-1,2,3,4-TCDD
          19.50

13C-2,3,7,8-TCDD
          19.85

20.34

Page 1477 of 1734



Report Date: 14-Dec-2019 01:10:37 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

3

5

7

9

11

13

15

17

19

21

23

25

27

29

31

33

35

37

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  23.07

23.1416.07

17.50

22.0615.50 17.70
21.1119.38

19.48 23.8115.00 16.88
22.7121.7420.4918.05

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  23.07
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Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

5

9

13

17

21

25

29

33

37

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  23.07

23.1416.07

17.50
22.0615.50 17.70 21.1119.38 23.8116.8814.64 22.7121.7420.4918.05

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  23.07

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

18

20

22

24

26

28

30

32

34

Y

F1:m/z     409.7974:SG5Pt_x1 17.58
21.15

16.89
14.55

23.79

19.98
23.0316.4614.59

21.62
20.20

14.07
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Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          25.79 2,3,4,7,8-PeCDF

          27.21

26.36

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          25.78 2,3,4,7,8-PeCDF

          27.21

PeCDF Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.76

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.76

26.32
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Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.79 2,3,4,7,8-PeCDF

          27.21

26.36

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.78

2,3,4,7,8-PeCDF
          27.21

PeCDF Interference Mass

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

)

F2:m/z     409.7974:SG5Pt_x1

30.58
24.96

29.80
28.23

25.01 27.1726.16 29.1928.4124.45
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Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          27.96

Non-2,3,7,8-sub-PeCDD
          28.73

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          27.96

Non-2,3,7,8-sub-PeCDD
          28.77

PeCDD Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.94

25.88

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.93

25.88 28.48
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Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          34.89

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          34.89

HxCDF Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

7

14

21

28

35

42

49

56

Y
 ( 

X
10

00
0)

F3:m/z     383.8639:SG5Pt_x1
13C-2,3,4,6,7,8-HxCDF
          34.87

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F3:m/z     385.8610:SG5Pt_x1
13C-2,3,4,6,7,8-HxCDF
          34.87
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Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          34.89

1,2,3,6,7,8-HxCDF
          33.92

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          34.89

1,2,3,6,7,8-HxCDF
          33.92

HxCDF Interference Mass

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

18

26

34

42

50

58

66

74

82

90

98

106

Y

F3:m/z     445.7555:SG5Pt_x1

32.73

31.49

Page 1484 of 1734



Report Date: 14-Dec-2019 01:10:37 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     389.8158:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          35.68

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          35.68

HxCDD Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.67

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.67
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Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          37.87

1,2,3,4,7,8,9-HpCDF
          39.19

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          37.87

1,2,3,4,7,8,9-HpCDF
          39.18

HpCDF Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

42

48

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.1713C-1,2,3,4,6,7,8-HpCDF

          37.86

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.1713C-1,2,3,4,6,7,8-HpCDF

          37.86
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Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          37.87 1,2,3,4,7,8,9-HpCDF

          39.19

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          37.87

1,2,3,4,7,8,9-HpCDF
          39.18

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 14-Dec-2019 01:10:37 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     423.7767:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          38.88

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          38.88

38.21

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.87

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.87
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Report Date: 14-Dec-2019 01:10:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.38

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.38

OCDF Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

9

19

29

39

49

59

69

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.31

42.12

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.31

41.72

Page 1489 of 1734



Report Date: 14-Dec-2019 01:10:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.38

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.38

OCDF Interference Mass

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

5

11

17

23

29

35

41

47

53

59

65

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1

44.85

43.0042.30
44.96

42.57 43.91

40.86 44.49
41.52 43.8040.39

41.60 44.25

43.46
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Report Date: 14-Dec-2019 01:10:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

5

10

15

20

25

30

35

40

Y
 ( 

X
10

00
0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.32

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.32

OCDD Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

9

19

29

39

49

59

69

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.31

42.12

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.31

41.72
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Report Date: 14-Dec-2019 01:10:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1

Page 1492 of 1734



Report Date: 14-Dec-2019 01:10:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_3.d
Injection Date: 13-Dec-2019 13:24:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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Report Date: 15-Nov-2019 12:55:02 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 14-Nov-2019 08:14:53 ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: WDM 111419  WDM HRDXNCP_00040
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 15-Nov-2019 12:54:54 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0323

First Level Reviewer: stephensk Date: 15-Nov-2019 12:54:54

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 17.034   71088860 0.79   1.3318   0.00
  2,3,7,8-TCDF 17.064  131317678 0.75   0.9005        82.1        82.1   0.2600   0.2600
A Non-2,3,7,8-sub-TCDF 16.769   0.2600   0.2600
S Total TCDF        82.1        82.1   0.2600   0.2600

D 13C-2,3,7,8-TCDD 17.729   48784400 0.80   0.9647   0.00
  2,3,7,8-TCDD 17.744   52736237 0.78   1.0698        40.4        40.4   0.2860   0.2860
A Non-2,3,7,8-sub-TCDD 17.207   0.2860   0.2860
S Total TCDD        40.4        40.4   0.2860   0.2860

A F1 PeCDFs 19.339      0.0      0.0
A Non-2,3,7,8-sub-PeCDF 22.421     913390 1.57   0.0000
S Total PeCDF

A Non-2,3,7,8-sub-PeCDD 22.911      0.0      0.0
S Total PeCDD

A Non-2,3,7,8-sub-HxCDF 29.813      0.0      0.0
S Total HxCDF

A Non-2,3,7,8-sub-HxCDD 30.412      0.0      0.0
S Total HxCDD

  1,2,3,4,6,7,8-HpCDF 33.579   41308036 1.03   1.4240
  1,2,3,4,7,8,9-HpCDF 34.636   34514634 1.03   1.2834
A Non-2,3,7,8-sub-HpCDF 34.107      0.0      0.0
S Total HpCDF

  1,2,3,4,6,7,8-HpCDD 34.356   27686370 1.05   1.0174
A Non-2,3,7,8-sub-HpCDD 34.089      0.0      0.0
S Total HpCDD

  1,3,6,8-TCDF 14.690   72836881 0.76
  1,3,6,8-TCDD 15.582   52906876 0.78
  2,3,4,7-TCDF 17.064  131317678 0.75
  1,2,3,7-TCDD 17.638   47854729 0.78
  1,2,3,9-TCDF 17.910   57573865 0.77
  1,2,3,9-TCDD 17.910   56596493 0.78
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Report Date: 15-Nov-2019 12:55:02 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,8,9-TCDD 18.833   21892807
  1,2,8,9-TCDF 18.848   58664239 0.75
  1,3,4,6,8-PeCDF 19.105   69056670 1.55
  1,2,4,7,9-PeCDD 20.845   42866848 1.58
  1,2,3,8,9-PeCDD 24.977   39057505 1.60
  1,2,3,8,9-PeCDF 25.195   47095037 1.56
  1,2,3,4,6,8-HxCDF 27.411   40990392 1.22
  1,2,4,6,7,9-HxCDD 28.941   35148160 1.24
  1,2,3,4,6,7-HxCDD 31.883   33396222 1.24
  1,2,3,4,8,9-HxCDF 32.216   36251606 1.23
  1,2,3,4,6,7,9-HpCDD 33.822   31683527 1.05

Reagents:
HRDXNCP_00040 Amount Added:   1.00 Units: mL
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Report Date: 15-Nov-2019 12:55:02 Chrom Revision: 2.3  31-Oct-2019 20:21:30

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 14-Nov-2019 08:14:53 ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: WDM 111419  WDM HRDXNCP_00040
Misc. Info.: 14NO1910D5
Operator ID:  SMA Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 15-Nov-2019 12:54:54 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0323

First Level Reviewer: stephensk Date: 15-Nov-2019 12:54:54

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 17.034 17.034    0  1.000   31313800    7720150   9080  22700    850
317.9389 17.034 17.034    0  1.000   39775060    9968768   7897  19742   1262  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.064 17.049    1  1.002   56367823   13266582  17184  42960    772
305.8987 17.064 17.049    1  1.002   74949855   17706849  24227  60567    731  0.75(0.65-0.89)

A Non-2,3,7,8-sub-TCDF
303.9016 16.769   17184   42960
305.8987 16.769   24227   60567

13C-2,3,7,8-TCDD
331.9368 17.729 17.729    0  1.000   21688015    5257745   7059  17647    745
333.9339 17.729 17.729    0  1.000   27096385    6628913   4465  11162   1485  0.80(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.744 17.744    0  1.001   23028700    5641767  13814  34535    408
321.8936 17.744 17.744    0  1.001   29707537    7323313  22550  56375    325  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDD
319.8965 17.207   13814   34535
321.8936 17.207   22550   56375

A F1 PeCDFs
339.8597 19.339    1382    3455
341.8567 19.339    1519    3797

A Non-2,3,7,8-sub-PeCDF

339.8597 21.417 22.421  -60  1.000     149257      26995   4749  11872      6
341.8567 21.417 22.421  -60  1.000     109682      18668   3891   9727      5  1.36(1.32-1.78)

339.8597 21.977 22.421  -27  1.000     233572      28198   4749  11872      6
341.8567 21.963 22.421  -27  1.000     144515      19014   3891   9727      5  1.62(1.32-1.78)
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Report Date: 15-Nov-2019 12:55:02 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

339.8597 22.522 22.421    6  1.000     174851      26613   4749  11872      6
341.8567 22.522 22.421    6  1.000     101513      16718   3891   9727      4  1.72(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 22.911    5813   14532
357.8516 22.911    3503    8757

A Non-2,3,7,8-sub-HxCDF
373.8208 29.813    6826   17065
375.8178 29.813    5395   13487

A Non-2,3,7,8-sub-HxCDD
389.8157 30.412    6286   15715
391.8127 30.412    5033   12582

1,2,3,4,6,7,8-HpCDF
407.7818 33.579 33.579    0  1.000   20909426    6129774  47647 119117    129
409.7789 33.579 33.579    0  1.000   20398610    5981280  37024  92560    162  1.03(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7818 34.636 34.629    0  1.000   17486437    4474188  47647 119117     94
409.7789 34.636 34.629    0  1.000   17028197    4291296  37024  92560    116  1.03(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7818 34.107   47647  119117
409.7789 34.107   37024   92560

1,2,3,4,6,7,8-HpCDD
423.7766 34.356 34.349    0  1.000   14163873    3712421  35302  88255    105
425.7737 34.356 34.349    0  1.000   13522497    3489935  34596  86490    101  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7766 34.089   35302   88255
425.7737 34.089   34596   86490

1,3,6,8-TCDF
303.9016 14.690 14.690    0   31486320   10256030  17184  42960    597
305.8987 14.690 14.690    0   41350561   13354518  24227  60567    551  0.76(0.65-0.89)

1,3,6,8-TCDD
319.8965 15.582 15.582    0   23178008    6815760  13814  34535    493
321.8936 15.582 15.582    0   29728868    8577172  22550  56375    380  0.78(0.65-0.89)

2,3,4,7-TCDF
303.9016 17.064 17.064    0   56367823   13266582  17184  42960    772
305.8987 17.064 17.064    0   74949855   17706849  24227  60567    731  0.75(0.65-0.89)

1,2,3,7-TCDD
319.8965 17.638 17.638    0   21012834    5232163  13814  34535    379
321.8936 17.638 17.638    0   26841895    6618682  22550  56375    294  0.78(0.65-0.89)

1,2,3,9-TCDF
303.9016 17.910 17.910    0   24985520    6155159  17184  42960    358
305.8987 17.910 17.910    0   32588345    7997634  24227  60567    330  0.77(0.65-0.89)

1,2,3,9-TCDD
319.8965 17.910 17.910    0   24732086    6025748  13814  34535    436
321.8936 17.910 17.910    0   31864407    7712994  22550  56375    342  0.78(0.65-0.89)

1,2,8,9-TCDD
319.8965 18.833 18.833    0   21892807    4984353  13814  34535    361
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Report Date: 15-Nov-2019 12:55:02 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,8,9-TCDF
303.9016 18.848 18.848    0   25098033    5635215  17184  42960    328
305.8987 18.833 18.848   -1   33566206    7408842  24227  60567    306  0.75(0.65-0.89)

1,3,4,6,8-PeCDF
339.8597 19.105 19.105    0   41941201    9301647   1382   3455   6731
341.8567 19.105 19.105    0   27115469    6057803   1519   3797   3988  1.55(1.32-1.78)

1,2,4,7,9-PeCDD
355.8546 20.845 20.845    0   26261054    4761926   5813  14532    819
357.8516 20.845 20.845    0   16605794    3009451   3503   8757    859  1.58(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 24.977 24.977    0   24024983    3519789   5813  14532    606
357.8516 24.977 24.977    0   15032522    2201465   3503   8757    628  1.60(1.32-1.78)

1,2,3,8,9-PeCDF
339.8597 25.195 25.195    0   28688854    4140718   4749  11872    872
341.8567 25.195 25.195    0   18406183    2664386   3891   9727    685  1.56(1.32-1.78)

1,2,3,4,6,8-HxCDF
373.8208 27.411 27.411    0   22501597    3015418   6826  17065    442
375.8178 27.411 27.411    0   18488795    2499708   5395  13487    463  1.22(1.05-1.43)

1,2,4,6,7,9-HxCDD
389.8157 28.941 28.941    0   19469349    2442738   6286  15715    389
391.8127 28.941 28.941    0   15678811    1960439   5033  12582    390  1.24(1.05-1.43)

1,2,3,4,6,7-HxCDD
389.8157 31.883 31.883    0   18494152    4568168   6286  15715    727
391.8127 31.883 31.883    0   14902070    3652757   5033  12582    726  1.24(1.05-1.43)

1,2,3,4,8,9-HxCDF
373.8208 32.216 32.216    0   20012667    5095885   6826  17065    747
375.8178 32.202 32.216   -1   16238939    4121008   5395  13487    764  1.23(1.05-1.43)

1,2,3,4,6,7,9-HpCDD
423.7766 33.822 33.822    0   16238887    4477376  35302  88255    127
425.7737 33.810 33.822   -1   15444640    4223506  34596  86490    122  1.05(0.88-1.20)

Reagents:
HRDXNCP_00040 Amount Added:   1.00 Units: mL
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Lims ID: WDM
Client ID:
Inject. Date: 14-Nov-2019 08:14:53 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: 10D5 Operator:  SMA
Lims Batch ID: 338471 Lims Sample ID: 1

Non-2,3,7,8-sub-PeCDF, RT: 22.421

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    0.970
  2,3,4,7,8-PeCDF                    0.999
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

21.417            149257             26995            109682             18668 1.36
21.977            233572             28198            144515             19014 1.62
22.522            174851             26613            101513             16718 1.72
Signal Totals:

           557680             81806            355710             54400
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           913390            136206 1.57

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (913390 * 0.0) / (0 * 0.000)
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          14.69

2,3,7,8-TCDF
          17.06

1,2,3,9-TCDF
          17.91 L 1,2,8,9-TCDF

          18.85

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          14.69

2,3,7,8-TCDF
          17.06

1,2,3,9-TCDF
          17.91

19.12

L 1,2,8,9-TCDF
          18.83

TCDF Standards

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

11

23

35

47

59

71

83

95

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          17.03

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F1:m/z     317.9389:SG5Pt_x1

13C-2,3,7,8-TCDF
          17.03
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
00

0)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          14.69

2,3,7,8-TCDF
          17.06

1,2,3,9-TCDF
          17.91 L 1,2,8,9-TCDF

          18.85

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          14.69

2,3,7,8-TCDF
          17.06

1,2,3,9-TCDF
          17.91

19.12

L 1,2,8,9-TCDF
          18.83

TCDF Interference Mass

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1

16.17

14.95
19.12
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

10

21

32

43

54

65

76

Y
 ( 

X
10

00
00

)

F1:m/z     319.8965:SG5Pt_x1

F 1,3,6,8-TCDD
          15.58 1,2,3,9-TCDD

          17.91
L 1,2,8,9-TCDD
          18.83

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     321.8936:SG5Pt_x1

F 1,3,6,8-TCDD
          15.58 1,2,3,9-TCDD

          17.91
L 1,2,8,9-TCDD
          18.83

TCDD Standards

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.73

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.73
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

1

8

15

22

29

36

43

50

57

64

71

78

Y
 ( 

X
10

00
)

F1:m/z     327.8847:SG5Pt_x1

17.9115.58

17.74 18.83

37Cl4-TCDD Standards

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.73

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.73
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

0

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
00

0)

F1:m/z     339.8597:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.10

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

70

75

Y
 ( 

X
10

00
00

)

F1:m/z     341.8567:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.10
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     339.8597:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.10

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
00

)

F1:m/z     341.8567:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.10

F1 PeCDFs Interference Mass

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

12

18

24

30

36

42

48

54

60

66

72

Y
 ( 

X
10

0)

F1:m/z     409.7974:SG5Pt_x1
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          21.42

Non-2,3,7,8-sub-PeCDF
          22.52

L 1,2,3,8,9-PeCDF
          25.19

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          21.42

Non-2,3,7,8-sub-PeCDF
          22.52

L 1,2,3,8,9-PeCDF
          25.19

PeCDF Standards

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

16

28

40

52

64

76

88

100

Y
 ( 

X
10

0)

F2:m/z     351.9000:SG5Pt_x1

21.94

23.2320.00

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

14

26

38

50

62

74

86

98

110

Y
 ( 

X
10

0)

F2:m/z     353.8970:SG5Pt_x1

21.98

23.23
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          21.42

Non-2,3,7,8-sub-PeCDF
          22.52

L 1,2,3,8,9-PeCDF
          25.19

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          21.42

Non-2,3,7,8-sub-PeCDF
          22.52

L 1,2,3,8,9-PeCDF
          25.19

PeCDF Interference Mass

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

13

18

23

28

33

38

43

48

53

58

63

68

Y
 ( 

X
10

0)

F2:m/z     409.7974:SG5Pt_x1
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F2:m/z     355.8546:SG5Pt_x1

F 1,2,4,7,9-PeCDD
          20.84

L 1,2,3,8,9-PeCDD
          24.98

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F2:m/z     357.8516:SG5Pt_x1

F 1,2,4,7,9-PeCDD
          20.84

L 1,2,3,8,9-PeCDD
          24.98

PeCDD Standards

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

1

4

7

10

13

16

19

Y
 ( 

X
10

00
)

F2:m/z     367.8949:SG5Pt_x1

23.98

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

1

4

7

10

13

16

19

Y
 ( 

X
10

00
)

F2:m/z     369.8919:SG5Pt_x1

23.94
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.41

L 1,2,3,4,8,9-HxCDF
          32.22

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.41

L 1,2,3,4,8,9-HxCDF
          32.20

HxCDF Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

17

23

29

35

41

47

53

59

Y
 ( 

X
10

0)

F3:m/z     383.8639:SG5Pt_x1

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

15

23

31

39

47

55

63

71

Y
 ( 

X
10

0)

F3:m/z     385.8610:SG5Pt_x1
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.41

L 1,2,3,4,8,9-HxCDF
          32.22

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.41

L 1,2,3,4,8,9-HxCDF
          32.20

HxCDF Interference Mass

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

24

31

38

45

52

59

66

73

80

87

94

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F3:m/z     389.8157:SG5Pt_x1

F 1,2,4,6,7,9-HxCDD
          28.94

30.63

L 1,2,3,4,6,7-HxCDD
          31.88

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F3:m/z     391.8127:SG5Pt_x1

F 1,2,4,6,7,9-HxCDD
          28.94

L 1,2,3,4,6,7-HxCDD
          31.88

HxCDD Standards

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

21

30

39

48

57

66

75

84

Y
 ( 

X
10

0)

F3:m/z     401.8559:SG5Pt_x1

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

18

25

32

39

46

53

60

67

Y
 ( 

X
10

0)

F3:m/z     403.8529:SG5Pt_x1

31.90

Page 1511 of 1734



Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

9

19

29

39

49

59

69

79

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.58

L 1,2,3,4,7,8,9-HpCDF
          34.64

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

9

19

29

39

49

59

69

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.58

L 1,2,3,4,7,8,9-HpCDF
          34.64

HpCDF Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

12

19

26

33

40

47

54

61

Y
 ( 

X
10

0)

F4:m/z     417.8253:SG5Pt_x1

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

12

20

28

36

44

52

60

68

Y
 ( 

X
10

0)

F4:m/z     419.8220:SG5Pt_x1

33.58
34.62
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

6

13

20

27

34

41

48

55

62

69

76

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.58

L 1,2,3,4,7,8,9-HpCDF
          34.64

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

6

13

20

27

34

41

48

55

62

69

76

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.58

L 1,2,3,4,7,8,9-HpCDF
          34.64

HpCDF Interference Mass

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

11

15

19

23

27

31

35

39

43

47

51

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
00

)

F4:m/z     423.7766:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          33.82

L 1,2,3,4,6,7,8-HpCDD
          34.36

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          33.81

L 1,2,3,4,6,7,8-HpCDD
          34.36

HpCDD Standards

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

12

17

22

27

32

37

42

47

Y
 ( 

X
10

0)

F4:m/z     435.8169:SG5Pt_x1

34.36

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

12

19

26

33

40

47

54

61

Y
 ( 

X
10

0)

F4:m/z     437.8140:SG5Pt_x1

34.36
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Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm

13.8 14.3 14.8 15.3 15.8 16.3 16.8 17.3 17.8 18.3 18.8 19.3
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

19.6 20.2 20.8 21.4 22.0 22.6 23.2 23.8 24.4 25.0 25.6
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8 31.4 32.0 32.6
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

32.8 33.0 33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1

Page 1515 of 1734



Report Date: 15-Nov-2019 12:55:03 Chrom Revision: 2.3  31-Oct-2019 20:21:30
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_1.d
Injection Date: 14-Nov-2019 08:14:53 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  SMA
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 338471 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm

35.2 36.1 37.0 37.9 38.8 39.7 40.6 41.5 42.4 43.3 44.2
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 13-Dec-2019 11:08:40 ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: WDM 121319  WDM HRDXNCP_00040
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 13-Dec-2019 23:51:32 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0304

First Level Reviewer: shardaa Date: 13-Dec-2019 14:34:10

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 17.342   29995784 0.78   1.3318   0.00
  2,3,7,8-TCDF 17.372   54146988 0.74   0.9005        80.2        80.2   0.2876   0.2876
A Non-2,3,7,8-sub-TCDF 17.062     514187 0.77   0.9005      0.9435      0.7614   0.2876   0.7614  RQ
S Total TCDF        81.1        80.9   0.2876   0.2876  RQ

D 13C-2,3,7,8-TCDD 18.052   22602001 0.79   0.9647   0.00
  2,3,7,8-TCDD 18.067   23992643 0.74   1.0698        39.7        39.7   0.1625   0.1625
A Non-2,3,7,8-sub-TCDD 17.516   0.1625   0.1625
S Total TCDD        39.7        39.7   0.1625   0.1625

A F1 PeCDFs 19.776      0.0      0.0
A Non-2,3,7,8-sub-PeCDF 22.933     351598 1.55   0.0000  RQ
S Total PeCDF  RQ

A Non-2,3,7,8-sub-PeCDD 23.368      0.0      0.0
S Total PeCDD

A Non-2,3,7,8-sub-HxCDF 30.237      0.0      0.0
S Total HxCDF

A Non-2,3,7,8-sub-HxCDD 30.870     195280 1.29   0.0000
S Total HxCDD

  1,2,3,4,6,7,8-HpCDF 33.805   21990017 1.03   1.4240
  1,2,3,4,7,8,9-HpCDF 34.874   19433666 1.02   1.2834
A Non-2,3,7,8-sub-HpCDF 34.340      0.0      0.0
S Total HpCDF

  1,2,3,4,6,7,8-HpCDD 34.583   16876255 1.05   1.0174
A Non-2,3,7,8-sub-HpCDD 34.309      0.0      0.0
S Total HpCDD

  1,3,6,8-TCDF 14.923   28498503 0.76
  1,3,6,8-TCDD 15.845   22605886 0.78
  2,3,4,7-TCDF 17.372   54146988 0.74
  1,2,3,7-TCDD 17.962   20156504 0.81
  1,2,3,9-TCDF 18.234   23530986 0.76
  1,2,3,9-TCDD 18.234   23652482 0.78
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,8,9-TCDD 19.186    9718481
  1,2,8,9-TCDF 19.201   24586597 0.73
  1,3,4,6,8-PeCDF 19.473   32956694 1.56
  1,2,4,7,9-PeCDD 21.240   19368446 1.54
  1,2,3,8,9-PeCDD 25.495   18232593 1.59
  1,2,3,8,9-PeCDF 25.713   20097498 1.57
  1,2,3,4,6,8-HxCDF 28.001   17995537 1.22
  1,2,4,6,7,9-HxCDD 29.585   16891551 1.23
  1,2,3,4,6,7-HxCDD 32.154   17209591 1.25
  1,2,3,4,8,9-HxCDF 32.473   17503702 1.21
  1,2,3,4,6,7,9-HpCDD 34.036   18465435 1.03

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 13-Dec-2019 11:08:40 ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: WDM 121319  WDM HRDXNCP_00040
Misc. Info.: 13DE1910D5
Operator ID:  AJS Instrument ID: 10D5

Method: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\Dioxin_10D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 13-Dec-2019 23:51:32 Calib Date: 14-Nov-2019 12:50:49
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\10D5\20191114-86664.b\14NO1910D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0304

First Level Reviewer: shardaa Date: 13-Dec-2019 14:34:10

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 17.342 17.342    0  1.000   13156539    3341168   4468  11170    748
317.9389 17.342 17.342    0  1.000   16839245    4230938   4536  11340    933  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.372 17.372    0  1.002   23089017    5378491   8062  20155    667
305.8987 17.372 17.372    0  1.002   31057971    7211532  11551  28877    624  0.74(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQ

303.9016 19.489 17.062  145  1.124     223686      40342   8062  20155      5
305.8987 19.473 17.062  144  1.123     413460      68124  11551  28877      6  0.54(0.65-0.89)

Empc Correction     290501      52392  11551  28877      5

13C-2,3,7,8-TCDD
331.9368 18.052 18.052    0  1.000    9955327    2409582   2853   7132    845
333.9339 18.052 18.052    0  1.000   12646674    3062437   2173   5432   1409  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 18.067 18.067    0  1.001   10220986    2466826   3400   8500    726
321.8936 18.067 18.067    0  1.001   13771657    3162661   6110  15275    518  0.74(0.65-0.89)

A Non-2,3,7,8-sub-TCDD
319.8965 17.516    3400    8500
321.8936 17.516    6110   15275

A F1 PeCDFs
339.8597 19.776     696    1740
341.8567 19.776     720    1800

A Non-2,3,7,8-sub-PeCDF RQ

339.8597 21.854 22.933  -65  1.000      60973       9099   1925   4812      5
341.8567 21.854 22.933  -65  1.000      44565       5660   1367   3417      4  1.37(1.32-1.78)
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

339.8597 22.413 22.933  -31  1.000      94995      13088   1925   4812      7
341.8567 22.399 22.933  -32  1.000      65079       9044   1367   3417      7  1.46(1.32-1.78)

339.8597 22.972 22.933    2  1.000      52266       9703   1925   4812      5
341.8567 22.972 22.933    2  1.000      48663       7194   1367   3417      5  1.07(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 23.368    1895    4737
357.8516 23.368    1306    3265

A Non-2,3,7,8-sub-HxCDF
373.8208 30.237    2057    5142
375.8178 30.237    1740    4350

A Non-2,3,7,8-sub-HxCDD

389.8157 30.996 30.870    8  1.000     110160      22608   2031   5077     11
391.8127 30.996 30.870    8  1.000      85120      16937   1684   4210     10  1.29(1.05-1.43)

1,2,3,4,6,7,8-HpCDF
407.7818 33.805 33.805    0  1.000   11178437    3896859   8727  21817    447
409.7789 33.805 33.805    0  1.000   10811580    3691560   4879  12197    757  1.03(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7818 34.874 34.874    0  1.000    9819357    3166778   8727  21817    363
409.7789 34.874 34.874    0  1.000    9614309    3055609   4879  12197    626  1.02(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7818 34.340    8727   21817
409.7789 34.340    4879   12197

1,2,3,4,6,7,8-HpCDD
423.7766 34.583 34.583    0  1.000    8634138    2824343   4176  10440    676
425.7737 34.583 34.583    0  1.000    8242117    2733938   4657  11642    587  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7766 34.309    4176   10440
425.7737 34.309    4657   11642

1,3,6,8-TCDF
303.9016 14.923 14.923    0   12349579    3716181   8062  20155    461
305.8987 14.923 14.923    0   16148924    4903605  11551  28877    425  0.76(0.65-0.89)

1,3,6,8-TCDD
319.8965 15.845 15.845    0    9883468    2862990   3400   8500    842
321.8936 15.845 15.845    0   12722418    3662054   6110  15275    599  0.78(0.65-0.89)

2,3,4,7-TCDF
303.9016 17.372 17.372    0   23089017    5378491   8062  20155    667
305.8987 17.372 17.372    0   31057971    7211532  11551  28877    624  0.74(0.65-0.89)

1,2,3,7-TCDD
319.8965 17.962 17.962    0    9023438    2172105   3400   8500    639
321.8936 17.962 17.962    0   11133066    2802613   6110  15275    459  0.81(0.65-0.89)

1,2,3,9-TCDF
303.9016 18.234 18.234    0   10142471    2367858   8062  20155    294
305.8987 18.234 18.234    0   13388515    3160372  11551  28877    274  0.76(0.65-0.89)

1,2,3,9-TCDD
319.8965 18.234 18.234    0   10342208    2391529   3400   8500    703
321.8936 18.234 18.234    0   13310274    3102254   6110  15275    508  0.78(0.65-0.89)
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,8,9-TCDD
319.8965 19.186 19.186    0    9718481    2159630   3400   8500    635

1,2,8,9-TCDF
303.9016 19.201 19.201    0   10403874    2262332   8062  20155    281
305.8987 19.186 19.201   -1   14182723    3031064  11551  28877    262  0.73(0.65-0.89)

1,3,4,6,8-PeCDF
339.8597 19.473 19.473    0   20064677    4300266    696   1740   6179
341.8567 19.458 19.473   -1   12892017    2735136    720   1800   3799  1.56(1.32-1.78)

1,2,4,7,9-PeCDD
355.8546 21.240 21.240    0   11757088    2089108   1895   4737   1102
357.8516 21.240 21.240    0    7611358    1356262   1306   3265   1038  1.54(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 25.495 25.495    0   11181492    1670202   1895   4737    881
357.8516 25.495 25.495    0    7051101    1038832   1306   3265    795  1.59(1.32-1.78)

1,2,3,8,9-PeCDF
339.8597 25.713 25.713    0   12285576    1764738   1925   4812    917
341.8567 25.713 25.713    0    7811922    1090565   1367   3417    798  1.57(1.32-1.78)

1,2,3,4,6,8-HxCDF
373.8208 28.001 28.001    0    9895338    1298169   2057   5142    631
375.8178 28.001 28.001    0    8100199    1037374   1740   4350    596  1.22(1.05-1.43)

1,2,4,6,7,9-HxCDD
389.8157 29.585 29.585    0    9330425    1189836   2031   5077    586
391.8127 29.585 29.585    0    7561126     954041   1684   4210    567  1.23(1.05-1.43)

1,2,3,4,6,7-HxCDD
389.8157 32.154 32.154    0    9566194    2736822   2031   5077   1348
391.8127 32.154 32.154    0    7643397    2247549   1684   4210   1335  1.25(1.05-1.43)

1,2,3,4,8,9-HxCDF
373.8208 32.473 32.473    0    9591677    2876105   2057   5142   1398
375.8178 32.473 32.473    0    7912025    2322798   1740   4350   1335  1.21(1.05-1.43)

1,2,3,4,6,7,9-HpCDD
423.7766 34.036 34.036    0    9376689    3074218   4176  10440    736
425.7737 34.036 34.036    0    9088746    3071481   4657  11642    660  1.03(0.88-1.20)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Lims ID: WDM
Client ID:
Inject. Date: 13-Dec-2019 11:08:40 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 1

Non-2,3,7,8-sub-TCDF, RT: 17.062

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.901 D 13C-2,3,7,8-TCDF                         40.000        29995784         7572106
Averages:

RRFn Qis Ris Area Ris Height
  0.901         40.000        29995784         7572106

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

19.489            223686             40342            413460             68124      0.9435 0.54 RQ
19.489            223686             40342            290501             52392      0.7614 Empc Correction
Signal Totals:

           223686             40342            290501             52392
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           637146            108466 0.54 RQ
           514187             92734 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9435 = (637146 * 40.000) / (29995784 * 0.901)
Empc Amount:         0.7614 = (514187 * 40.000) / (29995784 * 0.901)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Lims ID: WDM
Client ID:
Inject. Date: 13-Dec-2019 11:08:40 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 1

Non-2,3,7,8-sub-PeCDF, RT: 22.933

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    0.970
  2,3,4,7,8-PeCDF                    0.999
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

21.854             60973              9099             44565              5660 1.37
22.413             94995             13088             65079              9044 1.46
22.972             52266              9703             48663              7194 1.07 R
Signal Totals:

           208234             31890            158307             21898
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           366541             53788 1.32 RQ
           351598             52854 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (366541 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (351598 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Lims ID: WDM
Client ID:
Inject. Date: 13-Dec-2019 11:08:40 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: 10D5 Operator:  AJS
Lims Batch ID: 345335 Lims Sample ID: 1

Non-2,3,7,8-sub-HxCDD, RT: 30.870

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.005
  1,2,3,6,7,8-HxCDD                  0.983
  1,2,3,7,8,9-HxCDD                  1.104
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

30.996            110160             22608             85120             16937 1.29
Signal Totals:

           110160             22608             85120             16937
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           195280             39545 1.29

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (195280 * 0.0) / (0 * 0.000)
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

8

17

26

35

44

53

62

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          14.92

2,3,7,8-TCDF
          17.37

1,2,3,9-TCDF
          18.23

1,2,8,9-TCDF
          19.20

Non-2,3,7,8-sub-TCDF
          19.49

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          14.92

2,3,7,8-TCDF
          17.37

1,2,3,9-TCDF
          18.23

1,2,8,9-TCDF
          19.19

Non-2,3,7,8-sub-TCDF
          19.47

TCDF Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          17.34

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1

13C-2,3,7,8-TCDF
          17.34
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

5

11

17

23

29

35

41

47

53

59

65

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          14.92

2,3,7,8-TCDF
          17.37

1,2,3,9-TCDF
          18.23

1,2,8,9-TCDF
          19.20

Non-2,3,7,8-sub-TCDF
          19.49

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

7

15

23

31

39

47

55

63

71

79

87

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          14.92

2,3,7,8-TCDF
          17.37

1,2,3,9-TCDF
          18.23

1,2,8,9-TCDF
          19.19

Non-2,3,7,8-sub-TCDF
          19.47

TCDF Interference Mass

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

16

19

22

25

28

31

34

37

40

43

46

Y
 ( 

X
10

0)

F1:m/z     375.8364:SG5Pt_x1

17.39
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F1:m/z     319.8965:SG5Pt_x1

F 1,3,6,8-TCDD
          15.85 2,3,7,8-TCDD

          18.07 L 1,2,8,9-TCDD
          19.19

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

-1

5

11

17

23

29

35

41

47

Y
 ( 

X
10

00
00

)

F1:m/z     321.8936:SG5Pt_x1

F 1,3,6,8-TCDD
          15.85 2,3,7,8-TCDD

          18.07 L 1,2,8,9-TCDD
          19.19

TCDD Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          18.05

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-2,3,7,8-TCDD
          18.05
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

1

5

9

13

17

21

25

29

33

37

41

Y
 ( 

X
10

00
)

F1:m/z     327.8847:SG5Pt_x1

18.07
15.85

18.25
19.19

37Cl4-TCDD Standards

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

3

6

9

12

15

18

21

24

27
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Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          18.05

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-2,3,7,8-TCDD
          18.05

Page 1528 of 1734



Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

45

48

51

Y
 ( 

X
10

00
00

)

F1:m/z     339.8597:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.47

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

26

28

30

32

34

Y
 ( 

X
10

00
00

)

F1:m/z     341.8567:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.46
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
00

)

F1:m/z     339.8597:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.47

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

3

6

9
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15

18

21

24

27

30

33

Y
 ( 

X
10

00
00

)

F1:m/z     341.8567:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.46

F1 PeCDFs Interference Mass

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

12

17

22

27

32

37

42

47

52

57

62

Y
 ( 

X
10

0)

F1:m/z     409.7974:SG5Pt_x1

14.92
18.78
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6
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15

18

21

Y
 ( 

X
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00
00

)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          21.85

Non-2,3,7,8-sub-PeCDF
          22.97

L 1,2,3,8,9-PeCDF
          25.71

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          21.85

Non-2,3,7,8-sub-PeCDF
          22.97

L 1,2,3,8,9-PeCDF
          25.71

PeCDF Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min
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Y
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X
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F2:m/z     351.9000:SG5Pt_x1
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48
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Y
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F2:m/z     353.8970:SG5Pt_x1

23.75
21.21
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Report Date: 13-Dec-2019 23:51:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          21.85

Non-2,3,7,8-sub-PeCDF
          22.97

L 1,2,3,8,9-PeCDF
          25.71

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          21.85

Non-2,3,7,8-sub-PeCDF
          22.97

L 1,2,3,8,9-PeCDF
          25.71

PeCDF Interference Mass

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

16

20

24

28

32

36

40

44

48

52

Y
 ( 

X
10

0)

F2:m/z     409.7974:SG5Pt_x1
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Report Date: 13-Dec-2019 23:51:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

)

F2:m/z     355.8546:SG5Pt_x1

F 1,2,4,7,9-PeCDD
          21.24

L 1,2,3,8,9-PeCDD
          25.50

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F2:m/z     357.8516:SG5Pt_x1

F 1,2,4,7,9-PeCDD
          21.24

L 1,2,3,8,9-PeCDD
          25.50

PeCDD Standards

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

1

3

5

7

9

11

13

Y
 ( 

X
10

00
)

F2:m/z     367.8949:SG5Pt_x1

24.47

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

14

26

38

50

62

74

86

98

Y
 ( 

X
10

0)

F2:m/z     369.8919:SG5Pt_x1

24.50
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Report Date: 13-Dec-2019 23:51:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          28.00

L 1,2,3,4,8,9-HxCDF
          32.47

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          28.00

L 1,2,3,4,8,9-HxCDF
          32.47

HxCDF Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

0)

F3:m/z     383.8639:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

20

27

34

41

48

55

62

69

Y
 ( 

X
10

0)

F3:m/z     385.8610:SG5Pt_x1

30.85
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Report Date: 13-Dec-2019 23:51:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          28.00

L 1,2,3,4,8,9-HxCDF
          32.47

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          28.00

L 1,2,3,4,8,9-HxCDF
          32.47

HxCDF Interference Mass

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

24

27

30

33

36

39

42

45

48

51

54

57

Y
 ( 

X
10

0)

F3:m/z     445.7555:SG5Pt_x1
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Report Date: 13-Dec-2019 23:51:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

)

F3:m/z     389.8157:SG5Pt_x1

F 1,2,4,6,7,9-HxCDD
          29.59

Non-2,3,7,8-sub-HxCDD
          31.00

L 1,2,3,4,6,7-HxCDD
          32.15

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

)

F3:m/z     391.8127:SG5Pt_x1

F 1,2,4,6,7,9-HxCDD
          29.59

Non-2,3,7,8-sub-HxCDD
          31.00

L 1,2,3,4,6,7-HxCDD
          32.15

HxCDD Standards

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

19

25

31

37

43

49

55

61

Y
 ( 

X
10

0)

F3:m/z     401.8559:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

20

25

30

35

40

45

50

55

Y
 ( 

X
10

0)

F3:m/z     403.8529:SG5Pt_x1
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Report Date: 13-Dec-2019 23:51:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.81

L 1,2,3,4,7,8,9-HpCDF
          34.87

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

5

11

17

23

29

35

41

47

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.81

L 1,2,3,4,7,8,9-HpCDF
          34.87

HpCDF Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

18

24

30

36

42

48

54

Y
 ( 

X
10

0)

F4:m/z     417.8253:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

18

24

30

36

42

48

54

60

Y
 ( 

X
10

0)

F4:m/z     419.8220:SG5Pt_x1
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Report Date: 13-Dec-2019 23:51:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

4

9

14

19

24

29

34

39

44

49

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.81

L 1,2,3,4,7,8,9-HpCDF
          34.87

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

4

9

14

19

24

29

34

39

44

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.81

L 1,2,3,4,7,8,9-HpCDF
          34.87

HpCDF Interference Mass

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

17

21

25

29

33

37

41

45

49

53

57

61

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 13-Dec-2019 23:51:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

4

9

14

19

24

29

34

39

Y
 ( 

X
10

00
00

)

F4:m/z     423.7766:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          34.04 L 1,2,3,4,6,7,8-HpCDD

          34.58

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

-1

4

9

14

19

24

29

34

39

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          34.04 L 1,2,3,4,6,7,8-HpCDD

          34.58

HpCDD Standards

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

18

24

30

36

42

48

54

60

Y
 ( 

X
10

0)

F4:m/z     435.8169:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

18

24

30

36

42

48

54

60

Y
 ( 

X
10

0)

F4:m/z     437.8140:SG5Pt_x1
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Report Date: 13-Dec-2019 23:51:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm

13.7 14.3 14.9 15.5 16.1 16.7 17.3 17.9 18.5 19.1 19.7
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.1 20.7 21.3 21.9 22.5 23.1 23.7 24.3 24.9 25.5 26.1 26.7
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.7 27.3 27.9 28.5 29.1 29.7 30.3 30.9 31.5 32.1 32.7
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.1 33.4 33.7 34.0 34.3 34.6 34.9 35.2 35.5 35.8 36.1
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 13-Dec-2019 23:51:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\10D5\20191213-88255.b\13DE1910D5_1.d
Injection Date: 13-Dec-2019 11:08:40 Injection Vol: 2.0 ul
Instrument ID: 10D5 Operator ID:  AJS
Method: Dioxin_10D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345335 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm

36.0 36.9 37.8 38.7 39.6 40.5 41.4 42.3 43.2 44.1 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 02-Aug-2019 01:35:28 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:55:43 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:42:14

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 16.622   61074380 0.81   1.3379   0.00
  2,3,7,8-TCDF 16.636   61037608 0.79   0.8389        47.7        47.7   0.1209   0.1209
D 13C-2,3,7,8-TCDD 15.154   40433427 0.78   0.9388   0.00
  2,3,7,8-TCDD 15.182   44564745 0.76   1.1538        38.2        38.2   0.1633   0.1633
S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNCP_00038 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 02-Aug-2019 01:35:28 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:55:43 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:42:14

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 16.622 16.580    3  1.000   27419709    5797675  45703 114257    127
317.9389 16.622 16.580    3  1.000   33654671    7331370  15961  39902    459  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.636 16.599    2  1.001   26963677    5682254   5764  14410    986
305.8987 16.636 16.599    2  1.001   34073931    7516270   7547  18867    996  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.154 15.136    1  1.000   17780107    4066450  14178  35445    287
333.9339 15.154 15.136    1  1.000   22653320    5347910   7990  19975    669  0.78(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.182 15.156    2  1.002   19294731    4574819   7190  17975    636
321.8936 15.182 15.156    2  1.002   25270014    5985037  10548  26370    567  0.76(0.65-0.89)

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNCP_00038 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F1:m/z     303.9016:SG5Pt_x1

F 2,3,7,8-TCDF
          16.64

11.83

16.79 19.02

15.1114.02 24.25

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1

F 2,3,7,8-TCDF
          16.64

11.83

16.79
19.02

15.11 24.24
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
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Report Date: 17-Dec-2019 09:38:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_001.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 16-Dec-2019 19:16:59 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:18 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:30:42

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 16.567   48758231 0.79   1.3379   0.00
  2,3,7,8-TCDF 16.581   50865122 0.77   0.8389        49.7        49.7   0.1583   0.1583
D 13C-2,3,7,8-TCDD 15.126   31660967 0.78   0.9388   0.00
  2,3,7,8-TCDD 15.154   0.1387   0.1387  U
S Total 2378-Chlorinated 0.000100 0.000100

QC Flag Legend
Review Flags
  U - Marked Undetected
Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 17-Dec-2019 09:38:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_001.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 16-Dec-2019 19:16:59 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:38:18 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0312

First Level Reviewer: arghestanis Date: 17-Dec-2019 09:30:42

Signal
RT

(min.)
Adj RT
(min.)

N
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 16.567 16.567    0  1.000   21546530    3936923  21524  53810    183
317.9389 16.567 16.567    0  1.000   27211701    5162296  13358  33395    386  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.581 16.581    0  1.001   22057817    4206596   4964  12410    847
305.8987 16.581 16.581    0  1.001   28807305    5517493   7118  17795    775  0.77(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.126 15.126    0  1.000   13873214    2853238  16265  40662    175
333.9339 15.126 15.126    0  1.000   17787753    3726911   4796  11990    777  0.78(0.65-0.89)

2,3,7,8-TCDD U
319.8965 15.154    5669   14172
321.8936 15.154    4860   12150

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

QC Flag Legend
Review Flags
  U - Marked Undetected
Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 17-Dec-2019 09:38:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_001.d
Injection Date: 16-Dec-2019 19:16:59 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345960 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          16.57

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

16.83
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Report Date: 17-Dec-2019 09:38:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_001.d
Injection Date: 16-Dec-2019 19:16:59 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345960 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 17-Dec-2019 09:38:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_001.d
Injection Date: 16-Dec-2019 19:16:59 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345960 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 17-Dec-2019 09:38:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_001.d
Injection Date: 16-Dec-2019 19:16:59 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345960 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 17-Dec-2019 09:38:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88406.b\16DE19A11D2_001.d
Injection Date: 16-Dec-2019 19:16:59 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345960 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
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Report Date: 18-Dec-2019 01:04:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_001.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 17-Dec-2019 14:11:19 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:04:17 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0317

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 16.578   54173195 0.83   1.3379   0.00
  2,3,7,8-TCDF 16.592   52795244 0.76   0.8389        46.5        46.5   0.1336   0.1336
D 13C-2,3,7,8-TCDD 15.138   35137561 0.81   0.9388   0.00
  2,3,7,8-TCDD 15.152   37971560 0.78   1.1538        37.5        37.5   0.1329   0.1329
S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 18-Dec-2019 01:04:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_001.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 17-Dec-2019 14:11:19 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 18-Dec-2019 01:04:17 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0317

Signal
RT

(min.)
Adj RT
(min.)

M
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 16.578 16.578    0  1.000   24514617    4686655  16457  41142    285
317.9389 16.578 16.578    0  1.000   29658578    5439774  13187  32967    413  0.83(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.592 16.592    0  1.001   22816591    4279312   4665  11662    917
305.8987 16.592 16.592    0  1.001   29978653    5504903   6685  16712    823  0.76(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.138 15.138    0  1.000   15676706    3127867  11613  29032    269
333.9339 15.138 15.138    0  1.000   19460855    3962747   4196  10490    944  0.81(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.152 15.152    0  1.001   16657923    3699672   5554  13885    666
321.8936 15.152 15.152    0  1.001   21313637    4718023   5315  13287    888  0.78(0.65-0.89)

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 18-Dec-2019 01:04:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_001.d
Injection Date: 17-Dec-2019 14:11:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346137 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0
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Y
 ( 

X
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00
00

)

F1:m/z     303.9016:SG5Pt_x1

F 2,3,7,8-TCDF
          16.59

11.82

16.74
18.98

15.99 24.32

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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)

F1:m/z     305.8987:SG5Pt_x1

F 2,3,7,8-TCDF
          16.59

11.82

16.74
18.97

15.1013.99

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          16.58

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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)

F1:m/z     317.9389:SG5Pt_x1

13C-2,3,7,8-TCDF
          16.58

16.88
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Report Date: 18-Dec-2019 01:04:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_001.d
Injection Date: 17-Dec-2019 14:11:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346137 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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F 2,3,7,8-TCDF
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88
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X
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F1:m/z     305.8987:SG5Pt_x1

F 2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9
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Y
 ( 

X
10

00
0)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 18-Dec-2019 01:04:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_001.d
Injection Date: 17-Dec-2019 14:11:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346137 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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X
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)

F1:m/z     319.8965:SG5Pt_x1

F 2,3,7,8-TCDD
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Y
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X
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)

F1:m/z     321.8936:SG5Pt_x1

F 2,3,7,8-TCDD

TCDD Standards
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Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
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-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

)

F1:m/z     333.9339:SG5Pt_x1

13C-2,3,7,8-TCDD
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Report Date: 18-Dec-2019 01:04:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_001.d
Injection Date: 17-Dec-2019 14:11:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346137 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Standards
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13C-2,3,7,8-TCDD
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F1:m/z     333.9339:SG5Pt_x1

13C-2,3,7,8-TCDD
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Report Date: 18-Dec-2019 01:04:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191217-88455.b\17DE1911D2_001.d
Injection Date: 17-Dec-2019 14:11:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346137 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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Y

F1:m/z     330.9792:SG5Pt_x1
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 18-Oct-2019 19:15:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WDM HRDXNCP_00040
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 17:15:06 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0319

First Level Reviewer: stephensk Date: 23-Oct-2019 17:15:06

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 19.870    2743689 0.84   1.6096   0.00
  2,3,7,8-TCDF 19.904    6418384 0.81   1.2332        75.9        75.9   0.1516   0.1516
A Non-2,3,7,8-sub-TCDF 19.420     148353 0.71   1.2332       1.754       1.754   0.1516    1.133
S Total TCDF        77.6        77.6   0.1516   0.1516

D 13C-2,3,7,8-TCDD 21.183    1646257 0.82   0.9984   0.00
  2,3,7,8-TCDD 21.218    1935656 0.82   1.1988        39.2        39.2   0.1068   0.1068
A Non-2,3,7,8-sub-TCDD 20.259       8175 0.77   1.1988      0.1920      0.1657   0.1068   0.1657  RQ
S Total TCDD        39.4        39.4   0.1068   0.1068  RQ

A F1 PeCDFs 24.168       2785 1.55   0.0000  RQ
A Non-2,3,7,8-sub-PeCDF 27.601     108609 1.55   0.0000  RQ
S Total PeCDF  RQ

A Non-2,3,7,8-sub-PeCDD 27.971      16413 1.55   0.0000  RQ
S Total PeCDD  RQ

A Non-2,3,7,8-sub-HxCDF 34.726     117832 1.24   0.0000  RQ
S Total HxCDF  RQ

A Non-2,3,7,8-sub-HxCDD 35.124      64948 1.15   0.0000
S Total HxCDD

  1,2,3,4,6,7,8-HpCDF 38.408    2758922 1.07   1.6176
  1,2,3,4,7,8,9-HpCDF 39.666    2264219 1.08   1.4672
A Non-2,3,7,8-sub-HpCDF 39.037      0.0      0.0
S Total HpCDF

  1,2,3,4,6,7,8-HpCDD 39.364    1791225 1.05   1.1237
A Non-2,3,7,8-sub-HpCDD 39.134      0.0      0.0
S Total HpCDD

  1,3,6,8-TCDF 15.669    3698145 0.82
  1,3,6,8-TCDD 17.259    2008974 0.79
  2,3,4,7-TCDF 19.904    6418384 0.81
  1,2,3,7-TCDD 21.019    1684985 0.77
  1,2,3,9-TCDF 21.408    2470382 1.00  R
  1,2,3,9-TCDD 21.512     852214 0.79
  1,2,8,9-TCDF 23.171    2878860 0.82
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,8,9-TCDD 23.258     796641
  1,3,4,6,8-PeCDF 23.672    2123260 1.61
  1,2,4,7,9-PeCDD 25.703    1642283 1.57
  1,2,3,8,9-PeCDD 30.240    1609637 1.57
  1,2,3,8,9-PeCDF 30.399    2333013 1.61
  1,2,3,4,6,8-HxCDF 32.759    2733961 1.29
  1,2,4,6,7,9-HxCDD 33.917    1940308 1.26
  1,2,3,4,6,7-HxCDD 36.332    1911261 1.26
  1,2,3,4,8,9-HxCDF 36.692    2656804 1.26
  1,2,3,4,6,7,9-HpCDD 38.719    1887966 1.04

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNCP_00040 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 18-Oct-2019 19:15:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WDM HRDXNCP_00040
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 23-Oct-2019 17:15:06 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0319

First Level Reviewer: stephensk Date: 23-Oct-2019 17:15:06

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 19.870 19.735    8  1.000    1250984     195368    757   1892    258
317.9389 19.861 19.735    8  1.000    1492705     239445    125    312   1916  0.84(0.65-0.89)

2,3,7,8-TCDF
303.9016 19.904 19.792    7  1.002    2867994     412294    365    912   1130
305.8987 19.904 19.792    7  1.002    3550390     511529    448   1120   1142  0.81(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 18.228 19.420  -71  0.917      11435       2522    365    912      7
305.8987 18.193 19.420  -73  0.916      15690       2606    448   1120      6  0.73(0.65-0.89)

303.9016 19.161 19.420  -16  0.964      10672       1887    365    912      5
305.8987 19.170 19.420  -15  0.965      14729       2534    448   1120      6  0.72(0.65-0.89)

303.9016 23.672 19.420  255  1.191      39517       7172    365    912     20
305.8987 23.664 19.420  254  1.191      56310       8407    448   1120     19  0.70(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 21.183 21.057    8  1.000     741411     114263    213    532    536
333.9338 21.192 21.057    8  1.000     904846     137948     14     35   9853  0.82(0.65-0.89)

2,3,7,8-TCDD
319.8965 21.218 21.127    5  1.002     870913     126855    189    472    671
321.8936 21.218 21.127    5  1.002    1064743     149668    134    335   1117  0.82(0.65-0.89)

A Non-2,3,7,8-sub-TCDD RQ

319.8965 23.577 20.259  199  1.113       4853        879    189    472      5
Empc Correction       3556        641    189    472      3

321.8936 23.664 20.259  204  1.117       4619        833    134    335      6  1.05(0.65-0.89)

A F1 PeCDFs RQ

339.8597 17.078 24.168 -425  1.000       1693        248     47    117      5
341.8567 17.112 24.168 -422  1.000       4614        713     61    152     12  0.37(1.32-1.78)
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-PeCDF RQ

339.8597 25.359 27.601 -134  1.000       8277       1008    280    700      4
341.8567 25.367 27.601 -134  1.000       3541        740    237    592      3  2.34(1.32-1.78)

339.8597 26.332 27.601  -76  1.000       9581       1408    280    700      5
341.8567 26.323 27.601  -76  1.000       7634        924    237    592      4  1.26(1.32-1.78)

339.8597 26.751 27.601  -51  1.000       4089       1048    280    700      4
341.8567 26.701 27.601  -54  1.000       1341        480    237    592      2  3.05(1.32-1.78)

339.8597 26.894 27.601  -42  1.000      21191       3146    280    700     11
341.8567 26.902 27.601  -42  1.000      16624       1768    237    592      7  1.27(1.32-1.78)

339.8597 27.498 27.601   -6  1.000      16419       2037    280    700      7
341.8567 27.464 27.601   -8  1.000      10792       1089    237    592      5  1.52(1.32-1.78)

339.8597 28.403 27.601   48  1.000      15971       1167    280    700      4
341.8567 28.370 27.601   46  1.000       7187        860    237    592      4  2.22(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 29.183 27.971   73  1.000       5442        911    267    667      3
357.8516 29.225 27.971   75  1.000       4214        705    147    367      5  1.29(1.32-1.78)

355.8546 29.896 27.971  115  1.000      16114       2112    267    667      8
357.8516 29.863 27.971  113  1.000       2926        429    147    367      3  5.51(1.32-1.78)

A Non-2,3,7,8-sub-HxCDF RQ

373.8208 34.655 34.726   -4  1.000      14585       2036    857   2142      2
375.8178 34.671 34.726   -3  1.000      11747       1766    674   1685      3  1.24(1.05-1.43)

373.8208 34.839 34.726    7  1.000      19740       3408    857   2142      4
375.8178 34.822 34.726    6  1.000      16843       2715    674   1685      4  1.17(1.05-1.43)

373.8208 35.703 34.726   59  1.000      29263       3164    857   2142      4
375.8178 35.678 34.726   57  1.000      16325       2283    674   1685      3  1.79(1.05-1.43)

373.8208 37.146 34.726  145  1.000       9065       1039    857   2142      1
375.8178 37.070 34.726  140  1.000       9284        908    674   1685      1  0.98(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD

389.8158 35.107 35.124   -1  1.000      19272       3310    373    932      9
391.8127 35.107 35.124   -1  1.000      15745       2760    303    757      9  1.22(1.05-1.43)

389.8158 35.904 35.124   47  1.000      15414       2124    373    932      6
391.8127 35.896 35.124   46  1.000      14517       1786    303    757      6  1.06(1.05-1.43)

1,2,3,4,6,7,8-HpCDF
407.7817 38.408 38.378    2  1.000    1426693     468815    868   2170    540
409.7788 38.408 38.378    2  1.000    1332229     447613    766   1915    584  1.07(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 39.666 39.641    2  1.000    1176637     417678    868   2170    481
409.7788 39.666 39.641    2  1.000    1087582     395659    766   1915    517  1.08(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 39.037     868    2170
409.7788 39.037     766    1915

1,2,3,4,6,7,8-HpCDD
423.7767 39.364 39.334    2  1.000     916269     309891    497   1242    624
425.7737 39.364 39.334    2  1.000     874956     295620    441   1102    670  1.05(0.88-1.20)
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDD
423.7767 39.134     497    1242
425.7737 39.134     441    1102

1,3,6,8-TCDF
303.9016 15.669 15.669    0    1664855     345652    365    912    947
305.8987 15.661 15.669   -1    2033290     427961    448   1120    955  0.82(0.65-0.89)

1,3,6,8-TCDD
319.8965 17.259 17.259    0     886578     166481    189    472    881
321.8936 17.259 17.259    0    1122396     211236    134    335   1576  0.79(0.65-0.89)

2,3,4,7-TCDF
303.9016 19.904 19.904    0    2867994     412294    365    912   1130
305.8987 19.904 19.904    0    3550390     511529    448   1120   1142  0.81(0.65-0.89)

1,2,3,7-TCDD
319.8965 21.019 21.019    0     734489     109587    189    472    580
321.8936 21.010 21.019   -1     950496     137423    134    335   1026  0.77(0.65-0.89)

1,2,3,9-TCDF R
303.9016 21.408 21.408    0    1235191     175912    365    912    482
303.9016 21.408 21.408    0    1235191     175912    365    912    482  1.00(0.65-0.89)

1,2,3,9-TCDD
319.8965 21.512 21.512    0     852214     116531    189    472    617
321.8936 21.512 21.512    0    1081970     147181    134    335   1098  0.79(0.65-0.89)

1,2,8,9-TCDF
303.9016 23.171 23.171    0    1297438     191225    365    912    524
305.8987 23.171 23.171    0    1581422     239428    448   1120    534  0.82(0.65-0.89)

1,2,8,9-TCDD
319.8965 23.258 23.258    0     796641     122730    189    472    649

1,3,4,6,8-PeCDF
339.8597 23.672 23.672    0    1308860     243917     47    117   5190
341.8567 23.672 23.672    0     814400     152978     61    152   2508  1.61(1.32-1.78)

1,2,4,7,9-PeCDD
355.8546 25.703 25.703    0    1003649     170976    267    667    640
357.8516 25.703 25.703    0     638634     109995    147    367    748  1.57(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 30.240 30.240    0     982102     143598    267    667    538
357.8516 30.232 30.240   -1     627535      91717    147    367    624  1.57(1.32-1.78)

1,2,3,8,9-PeCDF
339.8597 30.399 30.399    0    1439754     203462    280    700    727
341.8567 30.399 30.399    0     893259     123914    237    592    523  1.61(1.32-1.78)

1,2,3,4,6,8-HxCDF
373.8208 32.759 32.759    0    1538335     244733    857   2142    286
375.8178 32.759 32.759    0    1195626     189943    674   1685    282  1.29(1.05-1.43)

1,2,4,6,7,9-HxCDD
389.8158 33.917 33.917    0    1083517     213641    373    932    573
391.8127 33.917 33.917    0     856791     170926    303    757    564  1.26(1.05-1.43)

1,2,3,4,6,7-HxCDD
389.8158 36.332 36.332    0    1065259     280262    373    932    751
391.8127 36.332 36.332    0     846002     223180    303    757    737  1.26(1.05-1.43)
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,8,9-HxCDF
373.8208 36.692 36.692    0    1479784     403447    857   2142    471
375.8178 36.692 36.692    0    1177020     316764    674   1685    470  1.26(1.05-1.43)

1,2,3,4,6,7,9-HpCDD
423.7767 38.719 38.719    0     962079     323451    497   1242    651
425.7737 38.719 38.719    0     925887     309534    441   1102    702  1.04(0.88-1.20)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNCP_00040 Amount Added:   1.00 Units: mL
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Lims ID: WDM
Client ID:
Inject. Date: 18-Oct-2019 19:15:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 1

Non-2,3,7,8-sub-TCDF, RT: 19.420

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.233 D 13C-2,3,7,8-TCDF                         40.000         2743689          434813
Averages:

RRFn Qis Ris Area Ris Height
  1.233         40.000         2743689          434813

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

18.228             11435              2522             15690              2606      0.3207 0.73
19.161             10672              1887             14729              2534      0.3003 0.72
23.672             39517              7172             56310              8407        1.13 0.70
Signal Totals:

            61624             11581             86729             13547
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           148353             25128 0.71

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.754 = (148353 * 40.000) / (2743689 * 1.233)
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Lims ID: WDM
Client ID:
Inject. Date: 18-Oct-2019 19:15:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 1

Non-2,3,7,8-sub-TCDD, RT: 20.259

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.199 D 13C-2,3,7,8-TCDD                         40.000         1646257          252211
Averages:

RRFn Qis Ris Area Ris Height
  1.199         40.000         1646257          252211

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

23.577              4853               879              4619               833      0.1920 1.05 RQ
23.577              3556               641              4619               833      0.1657 Empc Correction
Signal Totals:

             3556               641              4619               833
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             9472              1712 1.05 RQ
             8175              1474 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1920 = (9472 * 40.000) / (1646257 * 1.199)
Empc Amount:         0.1657 = (8175 * 40.000) / (1646257 * 1.199)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Lims ID: WDM
Client ID:
Inject. Date: 18-Oct-2019 19:15:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 1

F1 PeCDFs, RT: 24.168

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169
  2,3,4,7,8-PeCDF                    1.186
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

17.078              1693               248              4614               713 0.37 R
Signal Totals:

             1693               248              4614               713
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             6307               961 0.37 RQ
             2785               408 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (6307 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (2785 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Lims ID: WDM
Client ID:
Inject. Date: 18-Oct-2019 19:15:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 1

Non-2,3,7,8-sub-PeCDF, RT: 27.601

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169
  2,3,4,7,8-PeCDF                    1.186
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

25.359              8277              1008              3541               740 2.34 R
26.332              9581              1408              7634               924 1.26 R
26.751              4089              1048              1341               480 3.05 Rn
26.894             21191              3146             16624              1768 1.27 R
27.498             16419              2037             10792              1089 1.52
28.403             15971              1167              7187               860 2.22 R
Signal Totals:

            75528              9814             47119              5861
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           122647             15675 1.60 RQ
           108609             15918 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (122647 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (108609 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Lims ID: WDM
Client ID:
Inject. Date: 18-Oct-2019 19:15:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 1

Non-2,3,7,8-sub-PeCDD, RT: 27.971

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.120
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

29.183              5442               911              4214               705 1.29 R
29.896             16114              2112              2926               429 5.51 R
Signal Totals:

            21556              3023              7140              1134
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            28696              4157 3.02 RQ
            16413              2591 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (28696 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (16413 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Lims ID: WDM
Client ID:
Inject. Date: 18-Oct-2019 19:15:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 1

Non-2,3,7,8-sub-HxCDF, RT: 34.726

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.302
  1,2,3,6,7,8-HxCDF                  1.291
  2,3,4,6,7,8-HxCDF                  1.304
  1,2,3,7,8,9-HxCDF                  1.333
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

34.655             14585              2036             11747              1766 1.24 n
34.839             19740              3408             16843              2715 1.17
35.703             29263              3164             16325              2283 1.79 R
37.146              9065              1039              9284               908 0.98 Rn
Signal Totals:

            72653              9647             54199              7672
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           126852             17319 1.34 RQ
           117832             16985 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (126852 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (117832 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
n - Failed Sig-To-Noise Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 23-Oct-2019 17:15:26 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Lims ID: WDM
Client ID:
Inject. Date: 18-Oct-2019 19:15:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 332505 Lims Sample ID: 1

Non-2,3,7,8-sub-HxCDD, RT: 35.124

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.172
  1,2,3,6,7,8-HxCDD                  1.126
  1,2,3,7,8,9-HxCDD                  1.233
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

35.107             19272              3310             15745              2760 1.22
35.904             15414              2124             14517              1786 1.06
Signal Totals:

            34686              5434             30262              4546
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            64948              9980 1.15

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (64948 * 0.0) / (0 * 0.000)
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Report Date: 23-Oct-2019 17:15:27 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          15.67

2,3,7,8-TCDF
          19.90

1,2,8,9-TCDF
          23.17

1,2,3,9-TCDF
          21.41

Non-2,3,7,8-sub-TCDF
          18.23 21.74

Non-2,3,7,8-sub-TCDF
          23.67

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          15.66

2,3,7,8-TCDF
          19.90

1,2,8,9-TCDF
          23.1721.42

20.28
Non-2,3,7,8-sub-TCDF
          18.19

Non-2,3,7,8-sub-TCDF
          23.66

TCDF Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          19.87

24.0717.04

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F1:m/z     317.9389:SG5Pt_x1

13C-2,3,7,8-TCDF
          19.86

19.13 20.4316.68 23.9114.21 24.10
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Report Date: 23-Oct-2019 17:15:27 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          15.67

2,3,7,8-TCDF
          19.90

1,2,8,9-TCDF
          23.171,2,3,9-TCDF

          21.41

Non-2,3,7,8-sub-TCDF
          18.23 21.74

Non-2,3,7,8-sub-TCDF
          23.67

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          15.66

2,3,7,8-TCDF
          19.90

1,2,8,9-TCDF
          23.17

21.42

20.28
Non-2,3,7,8-sub-TCDF
          18.19

Non-2,3,7,8-sub-TCDF
          23.66

TCDF Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

18

21

24

27

30

33

36

39

42

45

Y

F1:m/z     375.8364:SG5Pt_x1

14.53
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Report Date: 23-Oct-2019 17:15:27 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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Y
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X
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F1:m/z     319.8965:SG5Pt_x1

F 1,3,6,8-TCDD
          17.26

2,3,7,8-TCDD
          21.22

1,2,8,9-TCDD
          23.261,2,3,9-TCDD

          21.51

17.61
Non-2,3,7,8-sub-TCDD
          23.58

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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X
10

00
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F1:m/z     321.8936:SG5Pt_x1

F 1,3,6,8-TCDD
          17.26

1,2,8,9-TCDD
          23.26

2,3,7,8-TCDD
          21.221,2,3,9-TCDD

          21.51

21.8622.01
Non-2,3,7,8-sub-TCDD
          23.66

TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min
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Y
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X
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F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          21.18

19.6817.79 24.0517.8815.90 17.02 21.76 23.47

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0
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6
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12
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Y
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X
10
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F1:m/z     333.9338:SG5Pt_x1

13C-2,3,7,8-TCDD
          21.19

18.3115.04 22.0517.38
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0
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12

15
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X
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0)

F1:m/z     327.8847:SG5Pt_x1

17.25

21.24

21.49 23.24

24.10

15.82 18.9818.03 24.2822.1214.73

37Cl4-TCDD Standards
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F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          21.18

19.6817.79 24.0517.8815.90 17.02 21.76 23.47

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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F1:m/z     333.9338:SG5Pt_x1

13C-2,3,7,8-TCDD
          21.19

18.3115.04 22.0517.38
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  17.08

L 1,3,4,6,8-PeCDF
          23.67
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F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  17.11

24.08

L 1,3,4,6,8-PeCDF
          23.67
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3
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Y
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X
10

00
0)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  17.08

L 1,3,4,6,8-PeCDF
          23.67

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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0

2
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6
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14
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Y
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X
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00
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F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  17.11 24.08

L 1,3,4,6,8-PeCDF
          23.67

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

18

20

22

24

26

28

30

32

Y

F1:m/z     409.7974:SG5Pt_x1 19.03

14.93

20.04
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          25.36

Non-2,3,7,8-sub-PeCDF
          28.40

L 1,2,3,8,9-PeCDF
          30.40

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          25.37 29.88

Non-2,3,7,8-sub-PeCDF
          28.37

L 1,2,3,8,9-PeCDF
          30.40

PeCDF Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

1

8

15

22

29

36

43

50

Y
 ( 

X
10

)

F2:m/z     351.9000:SG5Pt_x1

26.90 28.38
26.95

30.14
28.6325.94

27.0124.90

26.0925.74
26.18 30.95

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

1

11

21

31

41

51

61

71

Y
 ( 

X
10

)

F2:m/z     353.8970:SG5Pt_x1

29.92

29.96
26.87

28.3927.40

30.2428.53
25.71 31.0730.28

28.5826.2325.17
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          25.36

Non-2,3,7,8-sub-PeCDF
          28.40

L 1,2,3,8,9-PeCDF
          30.40

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          25.37 29.88

Non-2,3,7,8-sub-PeCDF
          28.37

L 1,2,3,8,9-PeCDF
          30.40

PeCDF Interference Mass

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

19

25

31

37

43

49

55

61

67

73

79

Y

F2:m/z     409.7974:SG5Pt_x1

31.39

26.34 29.44

26.41
25.34 30.4627.8224.83
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F2:m/z     355.8546:SG5Pt_x1
F 1,2,4,7,9-PeCDD
          25.70

30.53Non-2,3,7,8-sub-PeCDD
          29.1826.52

L 1,2,3,8,9-PeCDD
          30.24

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F2:m/z     357.8516:SG5Pt_x1
F 1,2,4,7,9-PeCDD
          25.70

Non-2,3,7,8-sub-PeCDD
          29.23

L 1,2,3,8,9-PeCDD
          30.23

PeCDD Standards

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

Y
 ( 

X
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0)

F2:m/z     367.8949:SG5Pt_x1

29.18

29.22

26.05 30.30

31.4729.5628.6025.47 28.6526.29
27.56 29.68 30.64

31.23

24.7 25.3 25.9 26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

0)

F2:m/z     369.8919:SG5Pt_x1

29.17

29.87
29.92

27.98

26.4525.45 27.52 28.80 30.9628.28 30.29
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          32.76

1,2,3,4,8,9-HxCDF
          36.69

Non-2,3,7,8-sub-HxCDF
          34.84 Non-2,3,7,8-sub-HxCDF

          37.15

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          32.76

1,2,3,4,8,9-HxCDF
          36.69

Non-2,3,7,8-sub-HxCDF
          34.8233.02 Non-2,3,7,8-sub-HxCDF

          37.07

HxCDF Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

1

8

15

22

29

36

43

50

Y
 ( 

X
10

)

F3:m/z     383.8639:SG5Pt_x1

35.37

36.6534.69

35.4435.10 36.33 36.91

36.1133.51
33.9632.85

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

1

13

25

37

49

61

73

85

Y
 ( 

X
10

)

F3:m/z     385.8610:SG5Pt_x1

36.59

34.45

34.89
36.6635.64

35.7633.20
33.64

37.3332.22 36.90
31.83
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

5

10

15

20

25
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35

40

45

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          32.76

1,2,3,4,8,9-HxCDF
          36.69

Non-2,3,7,8-sub-HxCDF
          34.84 Non-2,3,7,8-sub-HxCDF

          37.15

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          32.76

1,2,3,4,8,9-HxCDF
          36.69

Non-2,3,7,8-sub-HxCDF
          34.8233.02 Non-2,3,7,8-sub-HxCDF

          37.07

HxCDF Interference Mass

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

19

20

21

22

23

24

25

26

27

28

29

30

Y

F3:m/z     445.7555:SG5Pt_x1

36.04

35.37

34.29
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

5

10

15

20

25
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Y
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X
10

00
0)

F3:m/z     389.8158:SG5Pt_x1

F 1,2,4,6,7,9-HxCDD
          33.92

Non-2,3,7,8-sub-HxCDD
          35.11 36.73

L 1,2,3,4,6,7-HxCDD
          36.33

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

4

8

12

16

20

24

Y
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X
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00
0)

F3:m/z     391.8127:SG5Pt_x1

F 1,2,4,6,7,9-HxCDD
          33.92

Non-2,3,7,8-sub-HxCDD
          35.11

L 1,2,3,4,6,7-HxCDD
          36.33

HxCDD Standards

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min
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18

24
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36

42

Y
 ( 

X
10

0)

F3:m/z     401.8559:SG5Pt_x1

35.34

37.3734.56 35.95 36.37 37.4232.55 35.5632.04 33.94

31.5 32.1 32.7 33.3 33.9 34.5 35.1 35.7 36.3 36.9 37.5
Min

0

2

4

6

8

10

12
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X
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0)

F3:m/z     403.8529:SG5Pt_x1

35.32

35.90
36.77

33.87 37.3834.4431.83 35.08
37.4633.3832.49
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Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

8

16

24
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40
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Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          38.41 L 1,2,3,4,7,8,9-HpCDF

          39.67

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

7

14

21
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35

42

49

Y
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X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          38.41 L 1,2,3,4,7,8,9-HpCDF

          39.67

HpCDF Standards

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0
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4

6
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10
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Y
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X
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F4:m/z     417.8250:SG5Pt_x1

39.72
38.12

39.9337.96
40.13

39.2038.38
40.30

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
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0
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4

6

8
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Y
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X
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0)

F4:m/z     419.8220:SG5Pt_x1

38.42

39.67
40.35

39.52
40.0239.24

38.48 40.4038.93 39.7837.99

Page 1588 of 1734



Report Date: 23-Oct-2019 17:15:28 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF
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L 1,2,3,4,7,8,9-HpCDF
          39.67

37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2 40.5
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)
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F 1,2,3,4,6,7,8-HpCDF
          38.41

L 1,2,3,4,7,8,9-HpCDF
          39.67

HpCDF Interference Mass
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Report Date: 23-Oct-2019 17:15:28 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD
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F4:m/z     423.7767:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          38.72

L 1,2,3,4,6,7,8-HpCDD
          39.36
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F4:m/z     425.7737:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          38.72

L 1,2,3,4,6,7,8-HpCDD
          39.36
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Report Date: 23-Oct-2019 17:15:28 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 23-Oct-2019 17:15:28 Chrom Revision: 2.3  17-Sep-2019 16:19:08
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_2.d
Injection Date: 18-Oct-2019 19:15:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 332505 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 13-Dec-2019 12:37:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WDM HRDXNCP_00040
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Dec-2019 01:10:32 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0304

First Level Reviewer: shardaa Date: 13-Dec-2019 14:45:37

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 18.673    4150337 0.81   1.6096   0.00
  2,3,7,8-TCDF 18.716    8993983 0.79   1.2332        70.3        70.3   0.2796   0.2796
A Non-2,3,7,8-sub-TCDF 18.262      97086 0.78   1.2332      0.7587      0.7587   0.2796   0.7587
S Total TCDF        71.0        71.0   0.2796   0.2796

D 13C-2,3,7,8-TCDD 19.909    2648048 0.83   0.9984   0.00
  2,3,7,8-TCDD 19.944    3038883 0.79   1.1988        38.3        38.3   0.2285   0.2285
A Non-2,3,7,8-sub-TCDD 19.054   0.2285   0.2285
S Total TCDD        38.3        38.3   0.2285   0.2285

A F1 PeCDFs 23.271      0.0      0.0
A Non-2,3,7,8-sub-PeCDF 26.737      53680 1.55   0.0000  RQ
S Total PeCDF  RQ

A Non-2,3,7,8-sub-PeCDD 26.873      0.0      0.0
S Total PeCDD

A Non-2,3,7,8-sub-HxCDF 33.765      0.0      0.0
S Total HxCDF

A Non-2,3,7,8-sub-HxCDD 34.302      27323 1.29   0.0000
S Total HxCDD

  1,2,3,4,6,7,8-HpCDF 37.912    3805487 1.04   1.6176
  1,2,3,4,7,8,9-HpCDF 39.229    3405260 1.06   1.4672
A Non-2,3,7,8-sub-HpCDF 38.571      0.0      0.0
S Total HpCDF

  1,2,3,4,6,7,8-HpCDD 38.919    2646521 1.03   1.1237
A Non-2,3,7,8-sub-HpCDD 38.803      0.0      0.0
S Total HpCDD

  1,3,6,8-TCDF 14.765    5107119 0.79
  1,3,6,8-TCDD 16.253    3025786 0.79
  2,3,4,7-TCDF 18.716    8993983 0.79
  1,2,3,7-TCDD 19.745    2564171 0.78
  1,2,3,9-TCDF 20.108    3458768 1.00  R
  1,2,3,9-TCDD 20.203    1406385 0.77
  1,2,8,9-TCDF 21.759    4034735 0.80
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,8,9-TCDD 21.855    1237834
  1,3,4,6,8-PeCDF 22.373    3528095 1.55
  1,2,4,7,9-PeCDD 24.730    2622382 1.54
  1,2,3,8,9-PeCDD 29.016    2516799 1.56
  1,2,3,8,9-PeCDF 29.167    3288548 1.59
  1,2,3,4,6,8-HxCDF 31.484    3758647 1.24
  1,2,4,6,7,9-HxCDD 32.926    2744168 1.25
  1,2,3,4,6,7-HxCDD 35.677    2873747 1.24
  1,2,3,4,8,9-HxCDF 36.046    3774242 1.25
  1,2,3,4,6,7,9-HpCDD 38.239    2848901 1.05

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNCP_00040 Amount Added:   1.00 Units: mL
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 13-Dec-2019 12:37:00 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: WDM HRDXNCP_00040
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 14-Dec-2019 01:10:32 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0304

First Level Reviewer: shardaa Date: 13-Dec-2019 14:45:37

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 18.673 18.673    0  1.000    1852649     299193   1243   3107    241
317.9389 18.664 18.673   -1  1.000    2297688     375282    625   1562    600  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.716 18.716    0  1.002    3983332     573085    982   2455    584
305.8987 18.708 18.716   -1  1.002    5010651     719458   1344   3360    535  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 22.373 18.262  246  1.198      42579       5157    982   2455      5
305.8987 22.391 18.262  247  1.199      54507       6510   1344   3360      5  0.78(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19.909 19.909    0  1.000    1204643     179960    585   1462    308
333.9338 19.918 19.909    1  1.000    1443405     227749    157    392   1451  0.83(0.65-0.89)

2,3,7,8-TCDD
319.8965 19.944 19.944    0  1.002    1341840     195014    574   1435    340
321.8936 19.944 19.944    0  1.002    1697043     249947    543   1357    460  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDD
319.8965 19.054     574    1435
321.8936 19.054     543    1357

A F1 PeCDFs
339.8597 23.271      39      97
341.8567 23.271      97     242

A Non-2,3,7,8-sub-PeCDF RQ

339.8597 25.334 26.737  -84  1.000      10646       1437    346    865      4
341.8567 25.342 26.737  -84  1.000       6472       1036    248    620      4  1.64(1.32-1.78)

339.8597 25.871 26.737  -52  1.000      13622       2126    346    865      6
341.8567 25.854 26.737  -53  1.000      10158       1446    248    620      6  1.34(1.32-1.78)
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

339.8597 26.424 26.737  -19  1.000       7770       1458    346    865      4
341.8567 26.432 26.737  -18  1.000       6568       1031    248    620      4  1.18(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 26.873     446    1115
357.8516 26.873     283     707

A Non-2,3,7,8-sub-HxCDF
373.8208 33.765     593    1482
375.8178 33.765     448    1120

A Non-2,3,7,8-sub-HxCDD

389.8158 34.293 34.302    0  1.000      15401       2774    384    960      7
391.8127 34.302 34.302    0  1.000      11922       1877    352    880      5  1.29(1.05-1.43)

1,2,3,4,6,7,8-HpCDF
407.7817 37.912 37.912    0  1.000    1939708     322267   1383   3457    233
409.7788 37.912 37.912    0  1.000    1865779     303865   1253   3132    243  1.04(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7817 39.229 39.229    0  1.000    1750317     309464   1383   3457    224
409.7788 39.229 39.229    0  1.000    1654943     291086   1253   3132    232  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 38.571    1383    3457
409.7788 38.571    1253    3132

1,2,3,4,6,7,8-HpCDD
423.7767 38.919 38.919    0  1.000    1344522     205615   1005   2512    205
425.7737 38.919 38.919    0  1.000    1301999     203733    894   2235    228  1.03(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7767 38.803    1005    2512
425.7737 38.803     894    2235

1,3,6,8-TCDF
303.9016 14.765 14.765    0    2256937     472884    982   2455    482
305.8987 14.765 14.765    0    2850182     594487   1344   3360    442  0.79(0.65-0.89)

1,3,6,8-TCDD
319.8965 16.253 16.253    0    1333331     255782    574   1435    446
321.8936 16.253 16.253    0    1692455     319628    543   1357    589  0.79(0.65-0.89)

2,3,4,7-TCDF
303.9016 18.716 18.716    0    3983332     573085    982   2455    584
305.8987 18.708 18.716   -1    5010651     719458   1344   3360    535  0.79(0.65-0.89)

1,2,3,7-TCDD
319.8965 19.745 19.745    0    1125873     171836    574   1435    299
321.8936 19.754 19.745    1    1438298     221251    543   1357    407  0.78(0.65-0.89)

1,2,3,9-TCDF R
303.9016 20.108 20.108    0    1729384     252318    982   2455    257
303.9016 20.108 20.108    0    1729384     252318    982   2455    257  1.00(0.65-0.89)

1,2,3,9-TCDD
319.8965 20.203 20.203    0    1406385     196686    574   1435    343
321.8936 20.212 20.203    1    1819645     248494    543   1357    458  0.77(0.65-0.89)

1,2,8,9-TCDF
303.9016 21.759 21.759    0    1790645     238832    982   2455    243
305.8987 21.768 21.759    1    2244090     300851   1344   3360    224  0.80(0.65-0.89)
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,8,9-TCDD
319.8965 21.855 21.855    0    1237834     154260    574   1435    269

1,3,4,6,8-PeCDF
339.8597 22.373 22.373    0    2145072     267825     39     97   6867
341.8567 22.373 22.373    0    1383023     169410     97    242   1746  1.55(1.32-1.78)

1,2,4,7,9-PeCDD
355.8546 24.730 24.730    0    1591582     258092    446   1115    579
357.8516 24.739 24.730    1    1030800     162635    283    707    575  1.54(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 29.016 29.016    0    1534339     206845    446   1115    464
357.8516 29.008 29.016   -1     982460     135509    283    707    479  1.56(1.32-1.78)

1,2,3,8,9-PeCDF
339.8597 29.167 29.167    0    2019438     257790    346    865    745
341.8567 29.167 29.167    0    1269110     166109    248    620    670  1.59(1.32-1.78)

1,2,3,4,6,8-HxCDF
373.8208 31.484 31.484    0    2082983     222579    593   1482    375
375.8178 31.492 31.484    1    1675664     178674    448   1120    399  1.24(1.05-1.43)

1,2,4,6,7,9-HxCDD
389.8158 32.926 32.926    0    1525228     200435    384    960    522
391.8127 32.926 32.926    0    1218940     160931    352    880    457  1.25(1.05-1.43)

1,2,3,4,6,7-HxCDD
389.8158 35.677 35.677    0    1589079     294364    384    960    767
391.8127 35.669 35.677   -1    1284668     240864    352    880    684  1.24(1.05-1.43)

1,2,3,4,8,9-HxCDF
373.8208 36.046 36.046    0    2099920     419990    593   1482    708
375.8178 36.046 36.046    0    1674322     330026    448   1120    737  1.25(1.05-1.43)

1,2,3,4,6,7,9-HpCDD
423.7767 38.239 38.239    0    1456824     233747   1005   2512    233
425.7737 38.239 38.239    0    1392077     223284    894   2235    250  1.05(0.88-1.20)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
Reagents:
HRDXNCP_00040 Amount Added:   1.00 Units: mL
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Lims ID: WDM
Client ID:
Inject. Date: 13-Dec-2019 12:37:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 1

Non-2,3,7,8-sub-TCDF, RT: 18.262

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.233 D 13C-2,3,7,8-TCDF                         40.000         4150337          674475
Averages:

RRFn Qis Ris Area Ris Height
  1.233         40.000         4150337          674475

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

22.373             42579              5157             54507              6510      0.7587 0.78
Signal Totals:

            42579              5157             54507              6510
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            97086             11667 0.78

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7587 = (97086 * 40.000) / (4150337 * 1.233)
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Lims ID: WDM
Client ID:
Inject. Date: 13-Dec-2019 12:37:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 1

Non-2,3,7,8-sub-PeCDF, RT: 26.737

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169
  2,3,4,7,8-PeCDF                    1.186
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

25.334             10646              1437              6472              1036 1.64
25.871             13622              2126             10158              1446 1.34
26.424              7770              1458              6568              1031 1.18 R
Signal Totals:

            32038              5021             23198              3513
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            55236              8534 1.38 RQ
            53680              8443 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (55236 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (53680 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Lims ID: WDM
Client ID:
Inject. Date: 13-Dec-2019 12:37:00 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 1

Non-2,3,7,8-sub-HxCDD, RT: 34.302

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.172
  1,2,3,6,7,8-HxCDD                  1.126
  1,2,3,7,8,9-HxCDD                  1.233
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
389.8158

Area
389.8158

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

34.293             15401              2774             11922              1877 1.29
Signal Totals:

            15401              2774             11922              1877
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            27323              4651 1.29

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (27323 * 0.0) / (0 * 0.000)
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          14.77

2,3,7,8-TCDF
          18.72

1,2,3,9-TCDF
          20.11

1,2,8,9-TCDF
          21.76

Non-2,3,7,8-sub-TCDF
          22.37

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          14.77

2,3,7,8-TCDF
          18.71

20.11
1,2,8,9-TCDF
          21.77

Non-2,3,7,8-sub-TCDF
          22.39

TCDF Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          18.67

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F1:m/z     317.9389:SG5Pt_x1

13C-2,3,7,8-TCDF
          18.66
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          14.77

2,3,7,8-TCDF
          18.72

1,2,3,9-TCDF
          20.11

1,2,8,9-TCDF
          21.76

Non-2,3,7,8-sub-TCDF
          22.37

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          14.77

2,3,7,8-TCDF
          18.71

20.11
1,2,8,9-TCDF
          21.77

Non-2,3,7,8-sub-TCDF
          22.39

TCDF Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

18

20

22

24

26

28

30

32

Y

F1:m/z     375.8364:SG5Pt_x1
15.48

21.85
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Report Date: 14-Dec-2019 01:10:32 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F1:m/z     319.8965:SG5Pt_x1

F 1,3,6,8-TCDD
          16.25

1,2,3,9-TCDD
          20.20

L 1,2,8,9-TCDD
          21.85

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F1:m/z     321.8936:SG5Pt_x1

F 1,3,6,8-TCDD
          16.25

2,3,7,8-TCDD
          19.941,2,3,9-TCDD

          20.21 L 1,2,8,9-TCDD
          21.85

TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          19.91

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1

13C-2,3,7,8-TCDD
          19.92

20.51 20.89
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

0)

F1:m/z     327.8847:SG5Pt_x1

16.27 19.94 20.19 21.85

37Cl4-TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          19.91

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1

13C-2,3,7,8-TCDD
          19.92

20.51 20.89
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

26

28

30

32

Y
 ( 

X
10

00
0)

F1:m/z     339.8597:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          22.37

23.95

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
0)

F1:m/z     341.8567:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          22.37

23.02
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
0)

F1:m/z     339.8597:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          22.37

23.95

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
0)

F1:m/z     341.8567:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          22.37

23.02

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

-2

6

14

22

30

38

46

54

62

70

78

86

Y
 ( 

X
10

)

F1:m/z     409.7974:SG5Pt_x1

18.27

17.62
23.9215.04 18.80 22.0421.2820.4616.67
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          25.33

Non-2,3,7,8-sub-PeCDF
          26.42

L 1,2,3,8,9-PeCDF
          29.17

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          25.34

Non-2,3,7,8-sub-PeCDF
          26.43

L 1,2,3,8,9-PeCDF
          29.17

PeCDF Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

)

F2:m/z     351.9000:SG5Pt_x1

25.85

29.4327.29
25.89

26.81 29.06
29.46

26.29 27.40 29.4925.33

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

)

F2:m/z     353.8970:SG5Pt_x1

27.32

26.64
30.0828.9925.79 29.05

28.01

25.43 26.9824.73 29.2127.63 28.21
26.1124.88
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          25.33

Non-2,3,7,8-sub-PeCDF
          26.42

L 1,2,3,8,9-PeCDF
          29.17

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          25.34

Non-2,3,7,8-sub-PeCDF
          26.43

L 1,2,3,8,9-PeCDF
          29.17

PeCDF Interference Mass

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

1

4

7

10

13

16

19

22

25

28

Y
 ( 

X
10

)

F2:m/z     409.7974:SG5Pt_x1

26.06

24.89
28.0527.04
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F2:m/z     355.8546:SG5Pt_x1

F 1,2,4,7,9-PeCDD
          24.73

L 1,2,3,8,9-PeCDD
          29.02

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F2:m/z     357.8516:SG5Pt_x1

F 1,2,4,7,9-PeCDD
          24.74

L 1,2,3,8,9-PeCDD
          29.01

PeCDD Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F2:m/z     367.8949:SG5Pt_x1

28.03

28.08

28.5526.18 30.0527.58 29.5526.8324.39 25.44 30.7424.49 28.8726.90

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

0)

F2:m/z     369.8919:SG5Pt_x1

28.03

28.10
27.1024.61

28.4226.60 27.2425.17 29.7526.1325.32
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          31.48

L 1,2,3,4,8,9-HxCDF
          36.05

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

40

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          31.49

L 1,2,3,4,8,9-HxCDF
          36.05

HxCDF Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

-1

9

19

29

39

49

59

69

Y
 ( 

X
10

)

F3:m/z     383.8639:SG5Pt_x1

37.18

36.57
34.96

33.66
36.7434.18

36.2434.43 35.13 35.82
33.85

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

-3

8

19

30

41

52

63

74

Y
 ( 

X
10

)

F3:m/z     385.8610:SG5Pt_x1

33.98
32.24 36.6436.00

34.6433.51 35.50 36.9434.21 35.0631.6530.91 36.0632.71
37.11

31.06 32.93
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          31.48

L 1,2,3,4,8,9-HxCDF
          36.05

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          31.49

L 1,2,3,4,8,9-HxCDF
          36.05

HxCDF Interference Mass

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

)

F3:m/z     445.7555:SG5Pt_x1 35.91

36.88

36.9835.9531.4931.04 33.8733.28
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     389.8158:SG5Pt_x1

F 1,2,4,6,7,9-HxCDD
          32.93

Non-2,3,7,8-sub-HxCDD
          34.29

L 1,2,3,4,6,7-HxCDD
          35.68

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1

F 1,2,4,6,7,9-HxCDD
          32.93

Non-2,3,7,8-sub-HxCDD
          34.30

L 1,2,3,4,6,7-HxCDD
          35.67

HxCDD Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

-3

9

21

33

45

57

69

81

Y
 ( 

X
10

)

F3:m/z     401.8559:SG5Pt_x1

37.05

33.06
35.6634.9034.3233.89

37.1636.1535.7334.59

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

-1

8

17

26

35

44

53

62

Y
 ( 

X
10

)

F3:m/z     403.8529:SG5Pt_x1

36.9835.83
33.9232.78 34.82 35.30

36.25
31.97
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          37.91

L 1,2,3,4,7,8,9-HpCDF
          39.23

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          37.91

L 1,2,3,4,7,8,9-HpCDF
          39.23

HpCDF Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F4:m/z     417.8250:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

0)

F4:m/z     419.8220:SG5Pt_x1

37.90
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          37.91 L 1,2,3,4,7,8,9-HpCDF

          39.23

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          37.91 L 1,2,3,4,7,8,9-HpCDF

          39.23

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

2

9

16

23

30

37

44

51

58

65

72

79

Y
 ( 

X
10

)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 14-Dec-2019 01:10:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F4:m/z     423.7767:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          38.24 L 1,2,3,4,6,7,8-HpCDD

          38.92

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          38.24 L 1,2,3,4,6,7,8-HpCDD

          38.92

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

)

F4:m/z     435.8169:SG5Pt_x1

38.86 39.19

37.42

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

10

21

32

43

54

65

76

87

Y
 ( 

X
10

)

F4:m/z     437.8140:SG5Pt_x1

38.54

39.0837.72 40.0239.51
39.5538.31

39.24 40.1239.93
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Report Date: 14-Dec-2019 01:10:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1
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Report Date: 14-Dec-2019 01:10:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_2.d
Injection Date: 13-Dec-2019 12:37:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56911-1

Lab Sample ID: MB 320-344634/1-A

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_5.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  15:00

Low1(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 345338 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.0 0.131746-01-6 2,3,7,8-TCDD ND

1.0 0.04451207-31-9 2,3,7,8-TCDF ND

5.0 0.1040321-76-4 1,2,3,7,8-PeCDD ND

5.0 0.07257117-41-6 1,2,3,7,8-PeCDF ND

5.0 0.07357117-31-4 2,3,4,7,8-PeCDF ND

5.0 0.05639227-28-6 1,2,3,4,7,8-HxCDD ND

5.0 0.061J57653-85-7 1,2,3,6,7,8-HxCDD 0.116

5.0 0.05519408-74-3 1,2,3,7,8,9-HxCDD ND

5.0 0.05770648-26-9 1,2,3,4,7,8-HxCDF ND

5.0 0.05457117-44-9 1,2,3,6,7,8-HxCDF ND

5.0 0.05172918-21-9 1,2,3,7,8,9-HxCDF ND

5.0 0.05460851-34-5 2,3,4,6,7,8-HxCDF ND

5.0 0.053J35822-46-9 1,2,3,4,6,7,8-HpCDD 0.337

5.0 0.08767562-39-4 1,2,3,4,6,7,8-HpCDF ND

5.0 0.08455673-89-7 1,2,3,4,7,8,9-HpCDF ND

10 0.14J3268-87-9 OCDD 2.53

10 0.17J39001-02-0 OCDF 0.585

1.0 0.1341903-57-5 Total TCDD ND

1.0 0.04430402-14-3 Total TCDF ND

5.0 0.1036088-22-9 Total PeCDD ND

5.0 0.07330402-15-4 Total PeCDF ND

5.0 0.057J34465-46-8 Total HxCDD 0.116

5.0 0.05755684-94-1 Total HxCDF ND

5.0 0.053J37871-00-4 Total HpCDD 0.574

5.0 0.085J38998-75-3 Total HpCDF 0.189

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56911-1

Lab Sample ID: MB 320-344634/1-A

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_5.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  15:00

Low1(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 345338 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

57 25-16476523-40-5 13C-2,3,7,8-TCDD

48 24-16989059-46-1 13C-2,3,7,8-TCDF

52 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

50 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

55 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

61 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

63 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

54 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

57 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

48 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

50 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

56 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

50 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

55 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

57 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

92 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:18:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Lims ID: MB 320-344634/1-A        
Client ID:
Sample Type: MB
Inject. Date: 13-Dec-2019 15:00:00 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: MB 320-344634/1-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:18:18 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: dadunj Date: 17-Dec-2019 09:18:18

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 19.536    7570381 0.80  5.2E+04       100.0       100.0  a

D 13C-2,3,7,8-TCDF 18.645    5872686 0.83   1.6096        48.2        48.2   0.2333   0.2333  48.19
  2,3,7,8-TCDF 18.632   0.0222   0.0222
A Non-2,3,7,8-sub-TCDF 18.244   0.0222   0.0222
S Total TCDF   0.0222   0.0222

D 13C-2,3,7,8-TCDD 19.899    4324043 0.80   0.9984        57.2        57.2   0.2314   0.2314  57.21
  2,3,7,8-TCDD 19.874   0.0648   0.0648
$ 37Cl4-2,3,7,8-TCDD 19.916    4043365   1.4510        36.8        36.8   0.0259   0.0259  92.03

A Non-2,3,7,8-sub-TCDD 19.035   0.0648   0.0648
S Total TCDD   0.0648   0.0648

D 13C-1,2,3,7,8-PeCDF 25.800    5227168 1.61   1.3678        50.5        50.5   0.2836   0.2836  50.48
  1,2,3,7,8-PeCDF 25.788   0.0362   0.0362
D 13C-2,3,4,7,8-PeCDF 27.218    5413573 1.58   1.3045        54.8        54.8   0.2973   0.2973  54.82
  2,3,4,7,8-PeCDF 27.205   0.0364   0.0364
A F1 PeCDFs 23.266   0.0162   0.0162
A Non-2,3,7,8-sub-PeCDF 26.724   0.0363   0.0363
S Total PeCDF   0.0364   0.0364

D 13C-1,2,3,7,8-PeCDD 27.981    3281757 1.58   0.8292        52.3        52.3   0.1576   0.1576  52.28
  1,2,3,7,8-PeCDD 27.965   0.0501   0.0501
A Non-2,3,7,8-sub-PeCDD 26.851   0.0501   0.0501
S Total PeCDD   0.0501   0.0501

D 13C-1,2,3,4,7,8-HxCDF 33.738    4406724 0.53   1.1700        54.0        54.0   0.2228   0.2228  53.98
  1,2,3,4,7,8-HxCDF 33.739   0.0285   0.0285
D 13C-1,2,3,6,7,8-HxCDF 33.939    5203329 0.53   1.3168        56.6        56.6   0.1980   0.1980  56.63
  1,2,3,6,7,8-HxCDF 33.932   0.0269   0.0269
D 13C-2,3,4,6,7,8-HxCDF 34.903    4500517 0.53   1.2873        50.1        50.1   0.2025   0.2025  50.10
  2,3,4,6,7,8-HxCDF 34.891   0.0272   0.0272
D 13C-1,2,3,7,8,9-HxCDF 35.910    3981699 0.53   1.1987        47.6        47.6   0.2174   0.2174  47.60
  1,2,3,7,8,9-HxCDF 35.894   0.0254   0.0254
A Non-2,3,7,8-sub-HxCDF 33.751   0.0270   0.0270
S Total HxCDF   0.0285   0.0285

* 13C-1,2,3,7,8,9-HxCDD 35.708    6977849 1.26  5.8E+04       100.0       100.0  a
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Report Date: 17-Dec-2019 09:18:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-1,2,3,4,7,8-HxCDD 35.163    3572211 1.30   0.8364        61.2        61.2   0.2208   0.2208  61.21
  1,2,3,4,7,8-HxCDD 35.289   0.0282   0.0282  RQU
D 13C-1,2,3,6,7,8-HxCDD 35.297    3954806 1.29   0.9040        62.7        62.7   0.2043   0.2043  62.69
  1,2,3,6,7,8-HxCDD 35.289       2588 1.24   1.1256      0.0689      0.0581   0.0305   0.0305  RQ
  1,2,3,7,8,9-HxCDD 35.679   0.0273   0.0273
A Non-2,3,7,8-sub-HxCDD 34.284   0.0286   0.0286
S Total HxCDD      0.0689      0.0581   0.0287   0.0287  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 37.892    3395116 0.45   0.9689        50.2        50.2   0.3867   0.3867  50.22
  1,2,3,4,6,7,8-HpCDF 37.866   0.0434   0.0434
D 13C-1,2,3,4,7,8,9-HpCDF 39.209    3531697 0.46   0.9231        54.8        54.8   0.4058   0.4058  54.83
  1,2,3,4,7,8,9-HpCDF 39.202   0.0419   0.0419
A Non-2,3,7,8-sub-HpCDF 38.556       5048 1.04   1.5424      0.1109      0.0945   0.0425   0.0945  RQ
S Total HpCDF      0.1109      0.0945   0.0426   0.0426  RQ

D 13C-1,2,3,4,6,7,8-HpCDD 38.899    3555250 1.07   0.9114        55.9        55.9   0.1700   0.1700  55.90
  1,2,3,4,6,7,8-HpCDD 38.899       6734 1.04   1.1237      0.1882      0.1686   0.0266   0.0266  RQM
A Non-2,3,7,8-sub-HpCDD 38.803       4725 0.94   1.1237      0.1183      0.1183   0.0266   0.1183  M
S Total HpCDD      0.3065      0.2868   0.0266   0.0266  RQ

D 13C-OCDD 41.352    5023290 0.90   0.6272       114.8       114.8   0.3269   0.3269  57.39
  OCDF 41.453      11321 0.86   1.5416      0.2924      0.2924   0.0834   0.0834  M
  OCDD 41.369      37729 0.94   1.1855       1.267       1.267   0.0690   0.0690

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID
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Report Date: 17-Dec-2019 09:18:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Lims ID: MB 320-344634/1-A        
Client ID:
Sample Type: MB
Inject. Date: 13-Dec-2019 15:00:00 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: MB 320-344634/1-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:18:18 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: dadunj Date: 17-Dec-2019 09:18:18

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD a
331.9368 19.536 19.502    2    3360512     513569    730   1825    704 a
333.9338 19.536 19.502    2    4209869     649240    345    862   1882  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 18.645 18.611    2  0.954    2655545     416960    980   2450    425
317.9389 18.645 18.611    2  0.954    3217141     512550    767   1917    668  0.83(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.637      17      42
305.8987 18.637      85     212

A Non-2,3,7,8-sub-TCDF
303.9016 18.244      17      42
305.8987 18.244      85     212

13C-2,3,7,8-TCDD
331.9368 19.899 19.848    3  1.019    1919204     267689    730   1825    367
333.9338 19.890 19.848    3  1.018    2404839     337365    345    862    978  0.80(0.65-0.89)

2,3,7,8-TCDD
319.8965 19.874     163     407
321.8936 19.874      25      62

37Cl4-2,3,7,8-TCDD
327.8847 19.916 19.882    2  1.019    4043365     587078    175    437   3355

A Non-2,3,7,8-sub-TCDD
319.8965 19.035     163     407
321.8936 19.035      25      62

13C-1,2,3,7,8-PeCDF
351.9000 25.800 25.760    2  1.321    3222573     526243   1071   2677    491
353.8970 25.800 25.760    2  1.321    2004595     329640    733   1832    450  1.61(1.32-1.78)

Page 1622 of 1734



Report Date: 17-Dec-2019 09:18:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDF
339.8597 25.785      28      70
341.8567 25.785     117     292

13C-2,3,4,7,8-PeCDF
351.9000 27.218 27.177    2  1.393    3315015     512807   1071   2677    479
353.8970 27.218 27.177    2  1.393    2098558     325004    733   1832    443  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 27.202      28      70
341.8567 27.202     117     292

A F1 PeCDFs
339.8597 23.266       2       5
341.8567 23.266      63     157

A Non-2,3,7,8-sub-PeCDF
339.8597 26.724      28      70
341.8567 26.724     117     292

13C-1,2,3,7,8-PeCDD
367.8949 27.981 27.949    2  1.432    2011305     288446    436   1090    662
369.8919 27.981 27.949    2  1.432    1270452     187055    172    430   1088  1.58(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 27.965      94     235
357.8516 27.965      13      32

A Non-2,3,7,8-sub-PeCDD
355.8546 26.851      94     235
357.8516 26.851      13      32

13C-1,2,3,4,7,8-HxCDF
383.8639 33.738 33.714    1  0.945    1534756     265073    499   1247    531
385.8610 33.746 33.714    2  0.945    2871968     494447   1020   2550    485  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 33.739      69     172
375.8178 33.739      44     110

13C-1,2,3,6,7,8-HxCDF
383.8639 33.939 33.915    1  0.950    1811254     280536    499   1247    562
385.8610 33.939 33.915    1  0.950    3392075     531837   1020   2550    521  0.53(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 33.932      69     172
375.8178 33.932      44     110

13C-2,3,4,6,7,8-HxCDF
383.8639 34.903 34.880    1  0.977    1556612     277011    499   1247    555
385.8610 34.912 34.880    2  0.978    2943905     517352   1020   2550    507  0.53(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 34.905      69     172
375.8178 34.905      44     110

13C-1,2,3,7,8,9-HxCDF
383.8639 35.910 35.878    2  1.006    1385723     285466    499   1247    572
385.8610 35.910 35.878    2  1.006    2595976     546853   1020   2550    536  0.53(0.43-0.59)
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Report Date: 17-Dec-2019 09:18:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8,9-HxCDF
373.8208 35.894      69     172
375.8178 35.894      44     110

A Non-2,3,7,8-sub-HxCDF
373.8208 33.751      69     172
375.8178 33.751      44     110

13C-1,2,3,7,8,9-HxCDD a
401.8559 35.708 35.685    1    3884429     814000    669   1672   1217 a
403.8529 35.708 35.685    1    3093420     642670    407   1017   1579  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.163 35.131    2  0.985    2016537     434424    669   1672    649
403.8529 35.163 35.131    2  0.985    1555674     352234    407   1017    865  1.30(1.05-1.43)

1,2,3,4,7,8-HxCDD RQU
389.8158 35.148      51     127
391.8127 35.148      53     132

13C-1,2,3,6,7,8-HxCDD
401.8559 35.297 35.265    2  0.988    2226897     426241    669   1672    637
403.8529 35.297 35.265    2  0.988    1727909     331803    407   1017    815  1.29(1.05-1.43)

1,2,3,6,7,8-HxCDD RQ
389.8158 35.289 35.282    0  1.000       1433        306     51    127      6
391.8127 35.331 35.282    3  1.001       1634        421     53    132      8  0.88(1.05-1.43)

Empc Correction       1155        246     53    132      5

1,2,3,7,8,9-HxCDD
389.8158 35.693      51     127
391.8127 35.693      53     132

A Non-2,3,7,8-sub-HxCDD
389.8158 34.284      51     127
391.8127 34.284      53     132

13C-1,2,3,4,6,7,8-HpCDF
417.8250 37.892 37.877    1  1.061    1053298     231597    927   2317    250
419.8220 37.892 37.877    1  1.061    2341818     519784   1256   3140    414  0.45(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 37.886     166     415
409.7788 37.886      45     112

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.209 39.194    1  1.098    1106010     272794    927   2317    294
419.8220 39.209 39.194    1  1.098    2425687     584394   1256   3140    465  0.46(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.202     166     415
409.7788 39.202      45     112

A Non-2,3,7,8-sub-HpCDF RQ

407.7817 38.295 38.556  -16  1.011       3449        909    166    415      5
Empc Correction       2573        719    166    415      4

409.7788 38.295 38.556  -16  1.011       2475        692     45    112     15  1.39(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 38.899 38.892    0  1.089    1837259     415030    464   1160    894
437.8140 38.899 38.892    0  1.089    1717991     388328    439   1097    885  1.07(0.88-1.20)
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Report Date: 17-Dec-2019 09:18:20 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,7,8-HpCDD RQM
423.7767 38.899 38.901    0  1.000       4218        971     62    155     16

Empc Correction       3433        663     62    155     11
425.7737 38.916 38.901    1  1.000       3301        638     34     85     19  1.28(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDD M

423.7767 38.245 38.803  -33  0.983       2293        457     62    155      7 M
425.7737 38.245 38.803  -33  0.983       2432        616     34     85     18  0.94(0.88-1.20) M

13C-OCDD
469.7780 41.352 41.345    0  1.158    2380897     360233    573   1432    629
471.7750 41.344 41.345    0  1.158    2642393     409694    622   1555    659  0.90(0.76-1.02)

OCDF M
441.7428 41.453 41.413    2  1.002       5235        984     58    145     17
443.7399 41.428 41.413    1  1.002       6086       1353    140    350     10  0.86(0.76-1.02) M

OCDD
457.7377 41.369 41.345    1  1.000      18267       2776     58    145     48
459.7348 41.352 41.345    0  1.000      19462       3092     68    170     45  0.94(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
  a - User Assigned ID

Page 1625 of 1734



Report Date: 17-Dec-2019 09:18:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Lims ID: MB 320-344634/1-A
Client ID:
Inject. Date: 13-Dec-2019 15:00:00 Dil. Factor: 1.0000     
Sample Type: MB, Method Blank
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 4

Non-2,3,7,8-sub-HpCDF, RT: 38.556

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.618 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000         3395116          751381
  1,2,3,4,7,8,9-HpCDF                1.467 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000         3531697          857188
Averages:

RRFn Qis Ris Area Ris Height
  1.542        100.000         3463406          804284

Sum the Uncalibrated Results

RT
407.7817

Area
407.7817

Height
409.7788

Area
409.7788

Height
Amount

Ratio Flags

38.295              3449               909              2475               692      0.1109 1.39 RQ
38.295              2573               719              2475               692      0.0945 Empc Correction
Signal Totals:

             2573               719              2475               692
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             5924              1601 1.39 RQ
             5048              1411 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1109 = (5924 * 100.000) / (3463406 * 1.542)
Empc Amount:         0.0945 = (5048 * 100.000) / (3463406 * 1.542)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 17-Dec-2019 09:18:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Lims ID: MB 320-344634/1-A
Client ID:
Inject. Date: 13-Dec-2019 15:00:00 Dil. Factor: 1.0000     
Sample Type: MB, Method Blank
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 4

Non-2,3,7,8-sub-HpCDD, RT: 38.803

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.124 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000         3555250          803358
Averages:

RRFn Qis Ris Area Ris Height
  1.124        100.000         3555250          803358

Sum the Uncalibrated Results

RT
423.7767

Area
423.7767

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

38.245              2293               457              2432               616      0.1183 0.94 M
Signal Totals:

             2293               457              2432               616
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             4725              1073 0.94 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1183 = (4725 * 100.000) / (3555250 * 1.124)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 17-Dec-2019 09:18:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Instrument ID: DFS 1
Lims ID: MB 320-344634/1-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4(34.11 :36.51 )

1,2,3,4,6,7,8-HpCDD, CAS: 35822-46-9
Signal: 2

Processing Integration Results
RT:  38.92
Area: 3653
Amount:    0.197019
Amount Units: pg/ul
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Manual Integration Results
RT:  38.92
Area: 3301
Amount:    0.188208
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:15:47
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 17-Dec-2019 09:18:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Instrument ID: DFS 1
Lims ID: MB 320-344634/1-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4(34.11 :36.51 )

Non-2,3,7,8-sub-HpCDD, Signal: 1,   m/z: 423.7767, RT: ( 38.31- 39.30)
Signal: 1

Processing Integration Results
RT = 38.245 Area = 2510
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Manual Integration Results
RT = 38.245 Area = 2293 M
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Reviewer: dadunj, 17-Dec-2019 09:16:24
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:18:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Instrument ID: DFS 1
Lims ID: MB 320-344634/1-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4(34.11 :36.51 )

Non-2,3,7,8-sub-HpCDD, Signal: 2,   m/z: 425.7737, RT: ( 38.31- 39.30)
Signal: 2

Processing Integration Results
RT = 38.245 Area = 2502
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Manual Integration Results
RT = 38.245 Area = 2432 M
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Reviewer: dadunj, 17-Dec-2019 09:16:14
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 17-Dec-2019 09:18:21 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Instrument ID: DFS 1
Lims ID: MB 320-344634/1-A        
Client ID:
Operator ID: Xcalibur_System ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F5(36.61 :39.00 )

OCDF, CAS: 39001-02-0
Signal: 2

Processing Integration Results
RT:  41.43
Area: 6691
Amount:    0.308009
Amount Units: pg/ul

41.1 41.3 41.5 41.7 41.9
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

0)

F5:m/z     443.7399:SG5Pt_x1

 4
1.

42
8

Manual Integration Results
RT:  41.43
Area: 6086
Amount:    0.292384
Amount Units: pg/ul
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Reviewer: dadunj, 17-Dec-2019 09:17:10
Audit Action: Manually Integrated Audit Reason: Baseline
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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13C-2,3,7,8-TCDD
          19.90

20.44
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20.43
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          19.92
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14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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PeCDF Interference Mass
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

Y
 ( 

X
10

0)

F3:m/z     373.8208:SG5Pt_x1

34.93

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

2

9

16

23

30

37

44

51

Y
 ( 

X
10

)

F3:m/z     375.8178:SG5Pt_x1

35.90
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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HxCDF Interference Mass
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD
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Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF
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Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.2113C-1,2,3,4,6,7,8-HpCDF

          37.89
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Report Date: 17-Dec-2019 09:18:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F4:m/z     407.7817:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.29

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

2

10

18

26

34

42

50

58

66

74

82

90

Y
 ( 

X
10

)

F4:m/z     409.7788:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          38.29

39.22

38.37

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1

Page 1645 of 1734



Report Date: 17-Dec-2019 09:18:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F4:m/z     423.7767:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          38.90

Non-2,3,7,8-sub-HpCDD
          38.24

39.18

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

1

12

23

34

45

56

67

78

Y
 ( 

X
10

)

F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          38.92

39.20

39.02

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.90

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.90
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Report Date: 17-Dec-2019 09:18:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

0)

F5:m/z     441.7428:SG5Pt_x1

44.55

OCDF
  41.45

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.43

OCDF Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.35

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.34
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Report Date: 17-Dec-2019 09:18:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

0)

F5:m/z     441.7428:SG5Pt_x1

44.55

OCDF
  41.45

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.43

OCDF Interference Mass

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

5

11

17

23

29

35

41

47

53

59

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1

44.09

42.61

42.41 43.0440.94
41.60 44.34

42.9240.71 43.60
40.29 41.23

44.76

44.9043.29
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Report Date: 17-Dec-2019 09:18:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.37

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.35

OCDD Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.35

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.34
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Report Date: 17-Dec-2019 09:18:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1
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Report Date: 17-Dec-2019 09:18:22 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_5.d
Injection Date: 13-Dec-2019 15:00:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56911-1

Lab Sample ID: LCS 320-344634/2-A

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_6.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  15:48

Low1(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 345338 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.0 0.161746-01-6 2,3,7,8-TCDD 19.4

1.0 0.09751207-31-9 2,3,7,8-TCDF 18.3

5.0 0.2240321-76-4 1,2,3,7,8-PeCDD 106

5.0 0.4357117-41-6 1,2,3,7,8-PeCDF 93.3

5.0 0.4357117-31-4 2,3,4,7,8-PeCDF 87.9

5.0 0.2539227-28-6 1,2,3,4,7,8-HxCDD 90.9

5.0 0.2757653-85-7 1,2,3,6,7,8-HxCDD 97.9

5.0 0.2419408-74-3 1,2,3,7,8,9-HxCDD 93.0

5.0 0.4470648-26-9 1,2,3,4,7,8-HxCDF 93.1

5.0 0.4257117-44-9 1,2,3,6,7,8-HxCDF 100

5.0 0.3972918-21-9 1,2,3,7,8,9-HxCDF 101

5.0 0.4260851-34-5 2,3,4,6,7,8-HxCDF 103

5.0 0.3235822-46-9 1,2,3,4,6,7,8-HpCDD 95.6

5.0 0.6167562-39-4 1,2,3,4,6,7,8-HpCDF 99.4

5.0 0.6055673-89-7 1,2,3,4,7,8,9-HpCDF 90.9

10 0.413268-87-9 OCDD 194

10 0.3939001-02-0 OCDF 188

1.0 0.1641903-57-5 Total TCDD 19.4

1.0 0.09730402-14-3 Total TCDF 18.3

5.0 0.2236088-22-9 Total PeCDD 106

5.0 0.4330402-15-4 Total PeCDF 181

5.0 0.2534465-46-8 Total HxCDD 282

5.0 0.4255684-94-1 Total HxCDF 397

5.0 0.3237871-00-4 Total HpCDD 95.6

5.0 0.6138998-75-3 Total HpCDF 190

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56911-1

Lab Sample ID: LCS 320-344634/2-A

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_6.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  15:48

Low1(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 345338 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

58 20-17576523-40-5 13C-2,3,7,8-TCDD

50 22-15289059-46-1 13C-2,3,7,8-TCDF

54 21-227109719-79-1 13C-1,2,3,7,8-PeCDD

53 21-192109719-77-9 13C-1,2,3,7,8-PeCDF

57 13-328116843-02-8 13C-2,3,4,7,8-PeCDF

62 21-193109719-80-4 13C-1,2,3,4,7,8-HxCDD

62 25-163109719-81-5 13C-1,2,3,6,7,8-HxCDD

55 19-202114423-98-2 13C-1,2,3,4,7,8-HxCDF

56 21-159116843-03-9 13C-1,2,3,6,7,8-HxCDF

49 17-205116843-04-0 13C-1,2,3,7,8,9-HxCDF

50 22-176116843-05-1 13C-2,3,4,6,7,8-HxCDF

57 26-166109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

52 21-158109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

58 20-186109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

61 13-199114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

94 31-19185508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:19:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Lims ID: LCS 320-344634/2-A       
Client ID:
Sample Type: LCS
Inject. Date: 13-Dec-2019 15:48:00 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: LCS 320-344634/2-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:18:18 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: shardaa Date: 13-Dec-2019 17:26:46

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 19.514    7365276 0.83  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 18.623    5896003 0.79   1.6096        49.7        49.7   0.2424   0.2424  49.73
  2,3,7,8-TCDF 18.649     663592 0.78   1.2332       9.126       9.126   0.0484   0.0484  91.26
A Non-2,3,7,8-sub-TCDF 18.244   0.0484   0.0484
S Total TCDF       9.126       9.126   0.0484   0.0484

D 13C-2,3,7,8-TCDD 19.860    4240189 0.80   0.9984        57.7        57.7   0.2222   0.2222  57.66
  2,3,7,8-TCDD 19.903     493804 0.77   1.1988       9.714       9.714   0.0792   0.0792  97.14
$ 37Cl4-2,3,7,8-TCDD 19.895    4037760   1.4510        37.8        37.8   0.0283   0.0283  94.46

A Non-2,3,7,8-sub-TCDD 19.035   0.0792   0.0792
S Total TCDD       9.714       9.714   0.0792   0.0792

D 13C-1,2,3,7,8-PeCDF 25.774    5321316 1.58   1.3678        52.8        52.8   0.2645   0.2645  52.82
  1,2,3,7,8-PeCDF 25.799    2900907 1.59   1.1689        46.6        46.6   0.2157   0.2157  93.28
D 13C-2,3,4,7,8-PeCDF 27.199    5438218 1.60   1.3045        56.6        56.6   0.2773   0.2773  56.60
  2,3,4,7,8-PeCDF 27.216    2835746 1.56   1.1861        44.0        44.0   0.2169   0.2169  87.93
A F1 PeCDFs 23.266   0.0161   0.0161
A Non-2,3,7,8-sub-PeCDF 26.724   0.2163   0.2163
S Total PeCDF        90.6        90.6   0.2163   0.2163

D 13C-1,2,3,7,8-PeCDD 27.963    3271194 1.62   0.8292        53.6        53.6   0.1296   0.1296  53.56
  1,2,3,7,8-PeCDD 27.988    1943708 1.59   1.1200        53.1        53.1   0.1113   0.1113    106
A Non-2,3,7,8-sub-PeCDD 26.851   0.1113   0.1113
S Total PeCDD        53.1        53.1   0.1113   0.1113

D 13C-1,2,3,4,7,8-HxCDF 33.718    4452939 0.53   1.1700        54.7        54.7   0.2036   0.2036  54.72
  1,2,3,4,7,8-HxCDF 33.743    2700144 1.27   1.3021        46.6        46.6   0.2198   0.2198  93.14
D 13C-1,2,3,6,7,8-HxCDF 33.928    5106748 0.54   1.3168        55.8        55.8   0.1809   0.1809  55.76
  1,2,3,6,7,8-HxCDF 33.936    3306154 1.27   1.2907        50.2        50.2   0.2119   0.2119    100
D 13C-2,3,4,6,7,8-HxCDF 34.884    4465182 0.54   1.2873        49.9        49.9   0.1850   0.1850  49.87
  2,3,4,6,7,8-HxCDF 34.909    2995672 1.27   1.3039        51.5        51.5   0.2077   0.2077    103
D 13C-1,2,3,7,8,9-HxCDF 35.890    4102837 0.52   1.1987        49.2        49.2   0.1987   0.1987  49.21
  1,2,3,7,8,9-HxCDF 35.899    2763594 1.26   1.3329        50.5        50.5   0.1933   0.1933    101
A Non-2,3,7,8-sub-HxCDF 33.751   0.2078   0.2078
S Total HxCDF       198.7       198.7   0.2082   0.2082

* 13C-1,2,3,7,8,9-HxCDD 35.680    6955604 1.25  5.8E+04       100.0       100.0
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Report Date: 17-Dec-2019 09:19:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-1,2,3,4,7,8-HxCDD 35.135    3619036 1.29   0.8364        62.2        62.2   0.2080   0.2080  62.21
  1,2,3,4,7,8-HxCDD 35.152    1928649 1.28   1.1725        45.5        45.5   0.1257   0.1257  90.90
D 13C-1,2,3,6,7,8-HxCDD 35.270    3884744 1.27   0.9040        61.8        61.8   0.1925   0.1925  61.78
  1,2,3,6,7,8-HxCDD 35.286    2141370 1.21   1.1256        49.0        49.0   0.1343   0.1343  97.94
  1,2,3,7,8,9-HxCDD 35.697    2151467 1.24   1.2327        46.5        46.5   0.1211   0.1211  93.04
A Non-2,3,7,8-sub-HxCDD 34.284   0.1268   0.1268
S Total HxCDD       140.9       140.9   0.1271   0.1271

D 13C-1,2,3,4,6,7,8-HpCDF 37.865    3485492 0.44   0.9689        51.7        51.7   0.3091   0.3091  51.72
  1,2,3,4,6,7,8-HpCDF 37.882    2801585 1.05   1.6176        49.7        49.7   0.3066   0.3066  99.38
D 13C-1,2,3,4,7,8,9-HpCDF 39.190    3748714 0.46   0.9231        58.4        58.4   0.3244   0.3244  58.38
  1,2,3,4,7,8,9-HpCDF 39.199    2499071 1.07   1.4672        45.4        45.4   0.2991   0.2991  90.87
A Non-2,3,7,8-sub-HpCDF 38.556   0.3019   0.3019
S Total HpCDF        95.1        95.1   0.3029   0.3029

D 13C-1,2,3,4,6,7,8-HpCDD 38.880    3614053 1.05   0.9114        57.0        57.0   0.1805   0.1805  57.01
  1,2,3,4,6,7,8-HpCDD 38.888    1941833 1.04   1.1237        47.8        47.8   0.1609   0.1609  95.63
A Non-2,3,7,8-sub-HpCDD 38.803   0.1609   0.1609
S Total HpCDD        47.8        47.8   0.1609   0.1609

D 13C-OCDD 41.317    5341547 0.88   0.6272       122.4       122.4   0.2439   0.2439  61.22
  OCDF 41.401    3862796 0.91   1.5416        93.8        93.8   0.1943   0.1943  93.82
  OCDD 41.325    3071175 0.90   1.1855        97.0        97.0   0.2035   0.2035  97.00
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Report Date: 17-Dec-2019 09:19:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Lims ID: LCS 320-344634/2-A       
Client ID:
Sample Type: LCS
Inject. Date: 13-Dec-2019 15:48:00 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: LCS 320-344634/2-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:18:18 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: shardaa Date: 13-Dec-2019 17:26:46

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 19.514 19.502    1    3344116     521270    657   1642    793
333.9338 19.523 19.502    1    4021160     634868    369    922   1721  0.83(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 18.623 18.611    1  0.954    2593335     404936   1255   3137    323
317.9389 18.623 18.611    1  0.954    3302668     535754    549   1372    976  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.649 18.637    1  1.001     290344      47616     72    180    661
305.8987 18.649 18.637    1  1.001     373248      57582    153    382    376  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDF
303.9016 18.244      72     180
305.8987 18.244     153     382

13C-2,3,7,8-TCDD
331.9368 19.860 19.848    1  1.018    1890967     275643    657   1642    420
333.9338 19.869 19.848    1  1.018    2349222     350923    369    922    951  0.80(0.65-0.89)

2,3,7,8-TCDD
319.8965 19.903 19.874    2  1.002     214486      31590    175    437    181
321.8936 19.895 19.874    1  1.002     279318      43918     63    157    697  0.77(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19.895 19.882    1  1.020    4037760     585269    190    475   3080

A Non-2,3,7,8-sub-TCDD
319.8965 19.035     175     437
321.8936 19.035      63     157

13C-1,2,3,7,8-PeCDF
351.9000 25.774 25.760    1  1.321    3256616     546619   1128   2820    485
353.8970 25.774 25.760    1  1.321    2064700     341763    545   1362    627  1.58(1.32-1.78)
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Report Date: 17-Dec-2019 09:19:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDF
339.8597 25.799 25.785    1  1.001    1779933     301369    487   1217    619
341.8567 25.799 25.785    1  1.001    1120974     190310    409   1022    465  1.59(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 27.199 27.177    1  1.394    3345320     535455   1128   2820    475
353.8970 27.199 27.177    1  1.394    2092898     335317    545   1362    615  1.60(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 27.216 27.202    1  1.001    1727685     273192    487   1217    561
341.8567 27.216 27.202    1  1.001    1108061     174074    409   1022    426  1.56(1.32-1.78)

A F1 PeCDFs
339.8597 23.266       2       5
341.8567 23.266      65     162

A Non-2,3,7,8-sub-PeCDF
339.8597 26.724     487    1217
341.8567 26.724     409    1022

13C-1,2,3,7,8-PeCDD
367.8949 27.963 27.949    1  1.433    2022711     303552    220    550   1380
369.8919 27.963 27.949    1  1.433    1248483     193712    277    692    699  1.62(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 27.988 27.965    1  1.001    1194439     178799    182    455    982
357.8516 27.988 27.965    1  1.001     749269     109655     66    165   1661  1.59(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 26.851     182     455
357.8516 26.851      66     165

13C-1,2,3,4,7,8-HxCDF
383.8639 33.718 33.714    0  0.945    1549830     285055    494   1235    577
385.8610 33.726 33.714    1  0.945    2903109     520897    949   2372    549  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 33.743 33.739    0  1.001    1509348     264999    532   1330    498
375.8178 33.743 33.739    0  1.001    1190796     212466    391    977    543  1.27(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 33.928 33.915    1  0.951    1789185     287955    494   1235    583
385.8610 33.919 33.915    0  0.951    3317563     555418    949   2372    585  0.54(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 33.936 33.932    0  1.000    1848305     312957    532   1330    588
375.8178 33.936 33.932    0  1.000    1457849     248557    391    977    636  1.27(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 34.884 34.880    0  0.978    1557262     294012    494   1235    595
385.8610 34.884 34.880    0  0.978    2907920     557812    949   2372    588  0.54(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 34.909 34.905    0  1.001    1673712     316020    532   1330    594
375.8178 34.909 34.905    0  1.001    1321960     250793    391    977    641  1.27(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 35.890 35.878    1  1.006    1395690     310067    494   1235    628
385.8610 35.882 35.878    0  1.006    2707147     585434    949   2372    617  0.52(0.43-0.59)
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Report Date: 17-Dec-2019 09:19:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8,9-HxCDF
373.8208 35.899 35.894    0  1.000    1539180     335654    532   1330    631
375.8178 35.899 35.894    0  1.000    1224414     259183    391    977    663  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 33.751     532    1330
375.8178 33.751     391     977

13C-1,2,3,7,8,9-HxCDD
401.8559 35.680 35.685    0    3864736     838977    597   1492   1405
403.8529 35.680 35.685    0    3090868     675485    457   1142   1478  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.135 35.131    0  0.985    2036921     444057    597   1492    744
403.8529 35.135 35.131    0  0.985    1582115     359751    457   1142    787  1.29(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.152 35.148    0  1.000    1084428     236705    260    650    910
391.8127 35.152 35.148    0  1.000     844221     190169    214    535    889  1.28(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.270 35.265    0  0.988    2172104     438350    597   1492    734
403.8529 35.270 35.265    0  0.988    1712640     345403    457   1142    756  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 35.286 35.282    0  1.000    1172640     237978    260    650    915
391.8127 35.286 35.282    0  1.000     968730     197271    214    535    922  1.21(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 35.697 35.693    0  1.016    1190654     263846    260    650   1015
391.8127 35.697 35.693    0  1.016     960813     211506    214    535    988  1.24(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8158 34.284     260     650
391.8127 34.284     214     535

13C-1,2,3,4,6,7,8-HpCDF
417.8250 37.865 37.877   -1  1.061    1064448     253253    630   1575    402
419.8220 37.865 37.877   -1  1.061    2421044     587807   1184   2960    496  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 37.882 37.886    0  1.000    1436322     338748    899   2247    377
409.7788 37.873 37.886   -1  1.000    1365263     321704    770   1925    418  1.05(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.190 39.194    0  1.098    1172699     293043    630   1575    465
419.8220 39.182 39.194   -1  1.098    2576015     657507   1184   2960    555  0.46(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.199 39.202    0  1.000    1290326     329199    899   2247    366
409.7788 39.199 39.202    0  1.000    1208745     312195    770   1925    405  1.07(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 38.556     899    2247
409.7788 38.556     770    1925

13C-1,2,3,4,6,7,8-HpCDD
435.8169 38.880 38.892   -1  1.090    1847352     462883    557   1392    831
437.8140 38.880 38.892   -1  1.090    1766701     436939    440   1100    993  1.05(0.88-1.20)
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Report Date: 17-Dec-2019 09:19:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,7,8-HpCDD
423.7767 38.888 38.901   -1  1.000     991047     249662    344    860    726
425.7737 38.888 38.901   -1  1.000     950786     239188    307    767    779  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7767 38.803     344     860
425.7737 38.803     307     767

13C-OCDD
469.7780 41.317 41.345   -2  1.158    2503977     452532    528   1320    857
471.7750 41.317 41.345   -2  1.158    2837570     490271    399    997   1229  0.88(0.76-1.02)

OCDF
441.7428 41.401 41.413   -1  1.002    1839074     393537    245    612   1606
443.7399 41.401 41.413   -1  1.002    2023722     428108    320    800   1338  0.91(0.76-1.02)

OCDD
457.7377 41.325 41.345   -1  1.000    1452411     259483    226    565   1148
459.7348 41.325 41.345   -1  1.000    1618764     291701    229    572   1274  0.90(0.76-1.02)
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Report Date: 17-Dec-2019 09:19:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
0)
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19.00
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Report Date: 17-Dec-2019 09:19:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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          18.65

TCDF Interference Mass
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Report Date: 17-Dec-2019 09:19:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          19.90
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TCDD Standards
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13C-1,2,3,4-TCDD
          19.52

13C-2,3,7,8-TCDD
          19.87

20.3620.47
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Report Date: 17-Dec-2019 09:19:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Standards
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          19.86
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F1:m/z     333.9338:SG5Pt_x1

13C-1,2,3,4-TCDD
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          19.87

20.3620.47
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Report Date: 17-Dec-2019 09:19:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

3

5

7

9

11

13

15

17

19

21

23

25

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

20.53

16.76

17.8514.84
22.43

18.9115.7814.20
18.02 20.62

20.79 23.27
14.91 24.17

21.46
18.97

16.21
19.38 19.62

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

2

5

8

11

14

17

20

23

26

29

32

35

38

41

44

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

4

7

10

13

16

19

22

25

Y
 ( 

X
10

)

F1:m/z     339.8597:SG5Pt_x1

20.53

16.76

17.8514.84
22.43

18.9115.7814.20
20.62

20.79 23.27
14.91 24.17

18.9716.21
19.62

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

2

6

10

14

18

22

26

30

34

38

42

Y
 ( 

X
10

)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

1

6

11

16

21

26

31

36

41

46

Y
 ( 

X
10

)

F1:m/z     409.7974:SG5Pt_x1

17.88

19.0716.9515.78 23.8722.75
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          25.80 2,3,4,7,8-PeCDF

          27.22

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          25.80 2,3,4,7,8-PeCDF

          27.22

PeCDF Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.77

26.34

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.77

26.35
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.80 2,3,4,7,8-PeCDF

          27.22

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.80 2,3,4,7,8-PeCDF

          27.22

PeCDF Interference Mass

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

1

3

5

7

9

11

13

Y
 ( 

X
10

)

F2:m/z     409.7974:SG5Pt_x1
26.29

26.36
29.59

28.30

25.39 26.9424.58 30.07
26.9725.09

30.49
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          27.99

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          27.99

PeCDD Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.96

25.92 27.35 28.51

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.96

28.3425.90
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          35.901,2,3,6,7,8-HxCDF

          33.94

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          35.90

1,2,3,6,7,8-HxCDF
          33.94

HxCDF Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.8913C-1,2,3,6,7,8-HxCDF

          33.93

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.8813C-1,2,3,6,7,8-HxCDF

          33.92
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          35.901,2,3,6,7,8-HxCDF

          33.94

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          35.901,2,3,6,7,8-HxCDF

          33.94

HxCDF Interference Mass

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

1

4

7

10

13

16

19

22

25

Y
 ( 

X
10

)

F3:m/z     445.7555:SG5Pt_x1
36.76

37.10

32.85 36.1834.9933.4831.23
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
0)

F3:m/z     389.8158:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          35.70

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          35.70

HxCDD Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.68

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.68
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          37.88

1,2,3,4,7,8,9-HpCDF
          39.20

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          37.87

1,2,3,4,7,8,9-HpCDF
          39.20

HpCDF Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.1913C-1,2,3,4,6,7,8-HpCDF

          37.87

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

9

19

29

39

49

59

69

79

Y
 ( 

X
10

00
0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.1813C-1,2,3,4,6,7,8-HpCDF

          37.87
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          37.88

1,2,3,4,7,8,9-HpCDF
          39.20

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          37.87

1,2,3,4,7,8,9-HpCDF
          39.20

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
38.61

39.44
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F4:m/z     423.7767:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          38.89

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          38.89

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

7

14

21

28

35

42

49

56

Y
 ( 

X
10

00
0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.88

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.88
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

42

48

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.40

44.54

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.40

OCDF Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.32

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.32

41.89
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Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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Report Date: 17-Dec-2019 09:19:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
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Report Date: 17-Dec-2019 09:19:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 17-Dec-2019 09:19:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_6.d
Injection Date: 13-Dec-2019 15:48:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
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F5:m/z     442.9721:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56911-1

Lab Sample ID: LCSD 320-344634/3-A

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_7.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  16:36

Low1(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 345338 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.0 0.141746-01-6 2,3,7,8-TCDD 19.3

1.0 0.07351207-31-9 2,3,7,8-TCDF 18.4

5.0 0.1640321-76-4 1,2,3,7,8-PeCDD 104

5.0 0.4157117-41-6 1,2,3,7,8-PeCDF 92.5

5.0 0.4257117-31-4 2,3,4,7,8-PeCDF 87.2

5.0 0.2339227-28-6 1,2,3,4,7,8-HxCDD 91.1

5.0 0.2557653-85-7 1,2,3,6,7,8-HxCDD 97.0

5.0 0.2219408-74-3 1,2,3,7,8,9-HxCDD 92.2

5.0 0.3970648-26-9 1,2,3,4,7,8-HxCDF 91.2

5.0 0.3757117-44-9 1,2,3,6,7,8-HxCDF 99.2

5.0 0.3372918-21-9 1,2,3,7,8,9-HxCDF 99.4

5.0 0.3560851-34-5 2,3,4,6,7,8-HxCDF 101

5.0 0.3335822-46-9 1,2,3,4,6,7,8-HpCDD 95.1

5.0 0.6667562-39-4 1,2,3,4,6,7,8-HpCDF 99.1

5.0 0.6155673-89-7 1,2,3,4,7,8,9-HpCDF 90.3

10 0.413268-87-9 OCDD 189

10 0.3539001-02-0 OCDF 182

1.0 0.1441903-57-5 Total TCDD 19.3

1.0 0.07330402-14-3 Total TCDF 18.5

5.0 0.1636088-22-9 Total PeCDD 104

5.0 0.4130402-15-4 Total PeCDF 181

5.0 0.2434465-46-8 Total HxCDD 280

5.0 0.3655684-94-1 Total HxCDF 391

5.0 0.3337871-00-4 Total HpCDD 95.1

5.0 0.6338998-75-3 Total HpCDF 189

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56911-1

Lab Sample ID: LCSD 320-344634/3-A

Eurofins TestAmerica, Sacramento

Matrix: 13de19dfs1_7.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/11/2019  08:20

1

HRMS-Sox

12/13/2019  16:36

Low1(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 345338 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

60 20-17576523-40-5 13C-2,3,7,8-TCDD

52 22-15289059-46-1 13C-2,3,7,8-TCDF

56 21-227109719-79-1 13C-1,2,3,7,8-PeCDD

55 21-192109719-77-9 13C-1,2,3,7,8-PeCDF

60 13-328116843-02-8 13C-2,3,4,7,8-PeCDF

65 21-193109719-80-4 13C-1,2,3,4,7,8-HxCDD

65 25-163109719-81-5 13C-1,2,3,6,7,8-HxCDD

58 19-202114423-98-2 13C-1,2,3,4,7,8-HxCDF

57 21-159116843-03-9 13C-1,2,3,6,7,8-HxCDF

52 17-205116843-04-0 13C-1,2,3,7,8,9-HxCDF

53 22-176116843-05-1 13C-2,3,4,6,7,8-HxCDF

59 26-166109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

54 21-158109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

61 20-186109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

66 13-199114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

96 31-19185508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Lims ID: LCSD 320-344634/3-A      
Client ID:
Sample Type: LCSD
Inject. Date: 13-Dec-2019 16:36:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: LCSD 320-344634/3-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:18:18 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: dadunj Date: 17-Dec-2019 09:19:45

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 19.521    7869425 0.82  5.2E+04       100.0       100.0

D 13C-2,3,7,8-TCDF 18.622    6633931 0.79   1.6096        52.4        52.4   0.1985   0.1985  52.37
  2,3,7,8-TCDF 18.648     751663 0.78   1.2332       9.188       9.188   0.0367   0.0367  91.88
A Non-2,3,7,8-sub-TCDF 18.244       4239 0.68   1.2332      0.0518      0.0518   0.0367   0.0518   0.00
S Total TCDF       9.240       9.240   0.0367   0.0367

D 13C-2,3,7,8-TCDD 19.867    4744008 0.78   0.9984        60.4        60.4   0.2199   0.2199  60.38
  2,3,7,8-TCDD 19.902     549938 0.79   1.1988       9.670       9.670   0.0689   0.0689  96.70
$ 37Cl4-2,3,7,8-TCDD 19.893    4365706   1.4510        38.2        38.2   0.0357   0.0357  95.59

A Non-2,3,7,8-sub-TCDD 19.035   0.0689   0.0689
S Total TCDD       9.670       9.670   0.0689   0.0689

D 13C-1,2,3,7,8-PeCDF 25.778    5966357 1.59   1.3678        55.4        55.4   0.2529   0.2529  55.43
  1,2,3,7,8-PeCDF 25.803    3225271 1.56   1.1689        46.2        46.2   0.2030   0.2030  92.49
D 13C-2,3,4,7,8-PeCDF 27.195    6114574 1.55   1.3045        59.6        59.6   0.2652   0.2652  59.56
  2,3,4,7,8-PeCDF 27.221    3162918 1.55   1.1861        43.6        43.6   0.2113   0.2113  87.22
A F1 PeCDFs 23.266   0.0164   0.0164
A Non-2,3,7,8-sub-PeCDF 26.724      30756 1.63   1.1775      0.4324      0.4324   0.2070   0.4324   0.00
S Total PeCDF        90.3        90.3   0.2071   0.2071

D 13C-1,2,3,7,8-PeCDD 27.959    3686154 1.60   0.8292        56.5        56.5   0.1257   0.1257  56.49
  1,2,3,7,8-PeCDD 27.984    2146958 1.55   1.1200        52.0        52.0   0.0821   0.0821    104
A Non-2,3,7,8-sub-PeCDD 26.851   0.0821   0.0821
S Total PeCDD        52.0        52.0   0.0821   0.0821

D 13C-1,2,3,4,7,8-HxCDF 33.723    5045863 0.54   1.1700        57.9        57.9   0.2019   0.2019  57.94
  1,2,3,4,7,8-HxCDF 33.740    2994526 1.26   1.3021        45.6        45.6   0.1938   0.1938  91.15
D 13C-1,2,3,6,7,8-HxCDF 33.916    5620173 0.53   1.3168        57.3        57.3   0.1794   0.1794  57.35
  1,2,3,6,7,8-HxCDF 33.941    3598482 1.24   1.2907        49.6        49.6   0.1844   0.1844  99.21
D 13C-2,3,4,6,7,8-HxCDF 34.889    5114860 0.53   1.2873        53.4        53.4   0.1835   0.1835  53.38
  2,3,4,6,7,8-HxCDF 34.906    3362852 1.26   1.3039        50.4        50.4   0.1770   0.1770    101
D 13C-1,2,3,7,8,9-HxCDF 35.887    4627673 0.53   1.1987        51.9        51.9   0.1970   0.1970  51.87
  1,2,3,7,8,9-HxCDF 35.904    3065040 1.26   1.3329        49.7        49.7   0.1668   0.1668  99.38
A Non-2,3,7,8-sub-HxCDF 33.751   0.1800   0.1800
S Total HxCDF       195.3       195.3   0.1805   0.1805
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 35.685    7442888 1.24  5.8E+04       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 35.140    4024480 1.26   0.8364        64.7        64.7   0.2060   0.2060  64.65
  1,2,3,4,7,8-HxCDD 35.157    2148541 1.25   1.1725        45.5        45.5   0.1173   0.1173  91.07
D 13C-1,2,3,6,7,8-HxCDD 35.274    4350599 1.28   0.9040        64.7        64.7   0.1906   0.1906  64.66
  1,2,3,6,7,8-HxCDD 35.291    2375187 1.25   1.1256        48.5        48.5   0.1238   0.1238  97.01
  1,2,3,7,8,9-HxCDD 35.702    2380477 1.23   1.2327        46.1        46.1   0.1123   0.1123  92.23
A Non-2,3,7,8-sub-HxCDD 34.284   0.1176   0.1176
S Total HxCDD       140.2       140.2   0.1178   0.1178

D 13C-1,2,3,4,6,7,8-HpCDF 37.869    3884565 0.46   0.9689        53.9        53.9   0.3118   0.3118  53.87
  1,2,3,4,6,7,8-HpCDF 37.878    3114753 1.05   1.6176        49.6        49.6   0.3307   0.3307  99.14
D 13C-1,2,3,4,7,8,9-HpCDF 39.186    4175182 0.45   0.9231        60.8        60.8   0.3272   0.3272  60.77
  1,2,3,4,7,8,9-HpCDF 39.195    2764833 1.05   1.4672        45.1        45.1   0.3028   0.3028  90.27
A Non-2,3,7,8-sub-HpCDF 38.556   0.3147   0.3147
S Total HpCDF        94.7        94.7   0.3168   0.3168

D 13C-1,2,3,4,6,7,8-HpCDD 38.876    4007981 1.06   0.9114        59.1        59.1   0.1845   0.1845  59.08
  1,2,3,4,6,7,8-HpCDD 38.893    2140610 1.03   1.1237        47.5        47.5   0.1648   0.1648  95.06
A Non-2,3,7,8-sub-HpCDD 38.803   0.1648   0.1648
S Total HpCDD        47.5        47.5   0.1648   0.1648

D 13C-OCDD 41.322    6149921 0.90   0.6272       131.7       131.7   0.2505   0.2505  65.87
  OCDF 41.398    4315466 0.91   1.5416        91.0        91.0   0.1730   0.1730  91.04
  OCDD 41.330    3444878 0.89   1.1855        94.5        94.5   0.2071   0.2071  94.50
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Lims ID: LCSD 320-344634/3-A      
Client ID:
Sample Type: LCSD
Inject. Date: 13-Dec-2019 16:36:00 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0 ul Dil. Factor: 1.0000     
Sample Info: LCSD 320-344634/3-A
Operator ID: Xcalibur_System Instrument ID: DFS 1

Method: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\Dioxin_DFS1.m
Limit Group: HR - 1613B - ICAL
Last Update: 17-Dec-2019 09:18:18 Calib Date: 19-Oct-2019 00:02:00
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\Chromna\Sacramento\ChromData\DFS1\20191021-85289.b\18oc19adfs1_8.d

Column 1 : DB-5 ( 0.32 mm) Det: F1(14.07 :22.11 )
Process Host: CTX0311

First Level Reviewer: dadunj Date: 17-Dec-2019 09:19:45

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 19.521 19.502    1    3546496     564726    768   1920    735
333.9338 19.530 19.502    2    4322929     663714    311    777   2134  0.82(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 18.622 18.611    1  0.954    2926925     483921    957   2392    506
317.9389 18.622 18.611    1  0.954    3707006     592791    613   1532    967  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 18.648 18.637    1  1.001     328761      50104     62    155    808
305.8987 18.656 18.637    1  1.002     422902      66773    133    332    502  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 17.999 18.244  -15  0.967       1716        313     62    155      5
305.8987 17.991 18.244  -15  0.966       2523        476    133    332      4  0.68(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 19.867 19.848    1  1.018    2083069     307146    768   1920    400
333.9338 19.876 19.848    2  1.018    2660939     406731    311    777   1308  0.78(0.65-0.89)

2,3,7,8-TCDD
319.8965 19.902 19.874    2  1.002     242594      37762    176    440    215
321.8936 19.893 19.874    1  1.001     307344      47961     60    150    799  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 19.893 19.882    1  1.019    4365706     666061    255    637   2612

A Non-2,3,7,8-sub-TCDD
319.8965 19.035     176     440
321.8936 19.035      60     150

13C-1,2,3,7,8-PeCDF
351.9000 25.778 25.760    1  1.321    3661830     620290   1038   2595    598
353.8970 25.778 25.760    1  1.321    2304527     402705    662   1655    608  1.59(1.32-1.78)
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDF
339.8597 25.803 25.785    1  1.001    1964314     334260    539   1347    620
341.8567 25.795 25.785    1  1.001    1260957     214492    432   1080    497  1.56(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 27.195 27.177    1  1.393    3713660     586761   1038   2595    565
353.8970 27.195 27.177    1  1.393    2400914     381510    662   1655    576  1.55(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 27.221 27.202    1  1.001    1924722     304470    539   1347    565
341.8567 27.221 27.202    1  1.001    1238196     197530    432   1080    457  1.55(1.32-1.78)

A F1 PeCDFs
339.8597 23.266      18      45
341.8567 23.266      59     147

A Non-2,3,7,8-sub-PeCDF

339.8597 26.348 26.724  -22  1.022      19041       2673    539   1347      5
341.8567 26.365 26.724  -21  1.023      11715       1688    432   1080      4  1.63(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 27.959 27.949    1  1.432    2269643     353190    328    820   1077
369.8919 27.959 27.949    1  1.432    1416511     220010    184    460   1196  1.60(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 27.984 27.965    1  1.001    1305638     191163    155    387   1233
357.8516 27.984 27.965    1  1.001     841320     120670     56    140   2155  1.55(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 26.851     155     387
357.8516 26.851      56     140

13C-1,2,3,4,7,8-HxCDF
383.8639 33.723 33.714    1  0.945    1772472     312127    515   1287    606
385.8610 33.723 33.714    1  0.945    3273391     579611    991   2477    585  0.54(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 33.740 33.739    0  1.000    1671320     290293    494   1235    588
375.8178 33.740 33.739    0  1.000    1323206     235578    406   1015    580  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 33.916 33.915    0  0.950    1939736     329678    515   1287    640
385.8610 33.916 33.915    0  0.950    3680437     615474    991   2477    621  0.53(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 33.941 33.932    1  1.001    1992089     327173    494   1235    662
375.8178 33.933 33.932    0  1.000    1606393     262791    406   1015    647  1.24(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 34.889 34.880    1  0.978    1765102     343591    515   1287    667
385.8610 34.880 34.880    0  0.977    3349758     631098    991   2477    637  0.53(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 34.906 34.905    0  1.000    1871650     346873    494   1235    702
375.8178 34.914 34.905    1  1.001    1491202     275098    406   1015    678  1.26(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 35.887 35.878    1  1.006    1593779     358740    515   1287    697
385.8610 35.887 35.878    1  1.006    3033894     653458    991   2477    659  0.53(0.43-0.59)
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8,9-HxCDF
373.8208 35.904 35.894    1  1.000    1708764     374433    494   1235    758
375.8178 35.904 35.894    1  1.000    1356276     293509    406   1015    723  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 33.751     494    1235
375.8178 33.751     406    1015

13C-1,2,3,7,8,9-HxCDD
401.8559 35.685 35.685    0    4126444     884879    649   1622   1363
403.8529 35.685 35.685    0    3316444     709123    450   1125   1576  1.24(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 35.140 35.131    1  0.985    2243785     496605    649   1622    765
403.8529 35.140 35.131    1  0.985    1780695     412242    450   1125    916  1.26(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8158 35.157 35.148    1  1.000    1193903     269040    283    707    951
391.8127 35.157 35.148    1  1.000     954638     214429    217    542    988  1.25(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 35.274 35.265    1  0.988    2440200     501551    649   1622    773
403.8529 35.274 35.265    1  0.988    1910399     395754    450   1125    879  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8158 35.291 35.282    1  1.000    1321802     276714    283    707    978
391.8127 35.291 35.282    1  1.000    1053385     217849    217    542   1004  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8158 35.702 35.693    1  1.016    1312635     287949    283    707   1017
391.8127 35.702 35.693    1  1.016    1067842     233145    217    542   1074  1.23(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8158 34.284     283     707
391.8127 34.284     217     542

13C-1,2,3,4,6,7,8-HpCDF
417.8250 37.869 37.877    0  1.061    1222076     287002    713   1782    403
419.8220 37.869 37.877    0  1.061    2662489     621842   1213   3032    513  0.46(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7817 37.878 37.886    0  1.000    1596701     370500   1073   2682    345
409.7788 37.878 37.886    0  1.000    1518052     353688    872   2180    406  1.05(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8250 39.186 39.194    0  1.098    1299371     341654    713   1782    479
419.8220 39.186 39.194    0  1.098    2875811     752573   1213   3032    620  0.45(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7817 39.195 39.202    0  1.000    1418467     370851   1073   2682    346
409.7788 39.195 39.202    0  1.000    1346366     352718    872   2180    404  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7817 38.556    1073    2682
409.7788 38.556     872    2180

13C-1,2,3,4,6,7,8-HpCDD
435.8169 38.876 38.892   -1  1.089    2066480     492543    590   1475    835
437.8140 38.884 38.892    0  1.090    1941501     475096    482   1205    986  1.06(0.88-1.20)
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,7,8-HpCDD
423.7767 38.893 38.901    0  1.000    1087805     266664    382    955    698
425.7737 38.893 38.901    0  1.000    1052805     257554    335    837    769  1.03(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7767 38.803     382     955
425.7737 38.803     335     837

13C-OCDD
469.7780 41.322 41.345   -1  1.158    2909199     527598    583   1457    905
471.7750 41.322 41.345   -1  1.158    3240722     602351    419   1047   1438  0.90(0.76-1.02)

OCDF
441.7428 41.398 41.413   -1  1.002    2051048     431582    277    692   1558
443.7399 41.398 41.413   -1  1.002    2264418     478950    326    815   1469  0.91(0.76-1.02)

OCDD
457.7377 41.330 41.345   -1  1.000    1624761     301966    266    665   1135
459.7348 41.330 41.345   -1  1.000    1820117     336075    289    722   1163  0.89(0.76-1.02)
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Lims ID: LCSD 320-344634/3-A
Client ID:
Inject. Date: 13-Dec-2019 16:36:00 Dil. Factor: 1.0000     
Sample Type: LCSD, LCS Duplicate
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 6

Non-2,3,7,8-sub-TCDF, RT: 18.244

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       1.233 D 13C-2,3,7,8-TCDF                        100.000         6633931         1076712
Averages:

RRFn Qis Ris Area Ris Height
  1.233        100.000         6633931         1076712

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

17.999              1716               313              2523               476      0.0518 0.68
Signal Totals:

             1716               313              2523               476
Total Responses:

Rx Area Rx Height Amount Ratio Flags

             4239               789 0.68

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.0518 = (4239 * 100.000) / (6633931 * 1.233)

Page 1688 of 1734



Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Lims ID: LCSD 320-344634/3-A
Client ID:
Inject. Date: 13-Dec-2019 16:36:00 Dil. Factor: 1.0000     
Sample Type: LCSD, LCS Duplicate
Instrument ID: DFS 1 Operator: Xcalibur_System
Lims Batch ID: 345338 Lims Sample ID: 6

Non-2,3,7,8-sub-PeCDF, RT: 26.724

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.169 D 13C-1,2,3,7,8-PeCDF                     100.000         5966357         1022995
  2,3,4,7,8-PeCDF                    1.186 D 13C-2,3,4,7,8-PeCDF                     100.000         6114574          968271
Averages:

RRFn Qis Ris Area Ris Height
  1.178        100.000         6040465          995633

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

26.348             19041              2673             11715              1688      0.4324 1.63
Signal Totals:

            19041              2673             11715              1688
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            30756              4361 1.63

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.4324 = (30756 * 100.000) / (6040465 * 1.178)
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          18.65
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F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          18.66

TCDF Standards
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F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          18.62
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F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          18.62

19.07
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min
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F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          18.65
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F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          18.66

TCDF Interference Mass
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F1:m/z     375.8364:SG5Pt_x1

20.58

15.84
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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2,3,7,8-TCDD
          19.90
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          19.89

TCDD Standards
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          19.87

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
0)

F1:m/z     333.9338:SG5Pt_x1
13C-1,2,3,4-TCDD
          19.53

13C-2,3,7,8-TCDD
          19.88

20.2620.40
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-2,3,7,8-TCDD
          19.89

37Cl4-TCDD Standards

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

-1

5

11

17

23

29

35

41

47

53

59

65

Y
 ( 

X
10

00
0)

F1:m/z     331.9368:SG5Pt_x1
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          19.87
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F1:m/z     333.9338:SG5Pt_x1

13C-1,2,3,4-TCDD
          19.53

13C-2,3,7,8-TCDD
          19.88

20.2620.40
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
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F1 PeCDFs Interference Mass
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Report Date: 17-Dec-2019 09:19:46 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          25.80 2,3,4,7,8-PeCDF

          27.22

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          25.79 2,3,4,7,8-PeCDF

          27.22

PeCDF Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.78

26.33

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          25.78

26.35
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Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.80 2,3,4,7,8-PeCDF

          27.22

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          25.79 2,3,4,7,8-PeCDF

          27.22

PeCDF Interference Mass

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

1

4

7

10

13

16

19

22

25

28

Y
 ( 

X
10

)

F2:m/z     409.7974:SG5Pt_x1

24.60

29.4628.45
25.66

28.2426.84 29.7324.91 30.22
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Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          27.98

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          27.98

PeCDD Standards

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.96

25.89

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          27.96

28.3325.89
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          35.901,2,3,6,7,8-HxCDF

          33.94

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          35.901,2,3,6,7,8-HxCDF

          33.93

HxCDF Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.8913C-1,2,3,6,7,8-HxCDF

          33.92

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          35.8913C-1,2,3,6,7,8-HxCDF

          33.92
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          35.90

1,2,3,6,7,8-HxCDF
          33.94

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          35.901,2,3,6,7,8-HxCDF

          33.93

HxCDF Interference Mass

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

18

23

28

33

38

43

48

53

58

63

Y

F3:m/z     445.7555:SG5Pt_x1

35.09

35.96 36.9934.80
33.07
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Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F3:m/z     389.8158:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          35.70

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          35.70

HxCDD Standards

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.69

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          35.69
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1
1,2,3,4,7,8,9-HpCDF
          39.19

1,2,3,4,6,7,8-HpCDF
          37.88

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          37.88

1,2,3,4,7,8,9-HpCDF
          39.19

HpCDF Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F4:m/z     417.8250:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.19

13C-1,2,3,4,6,7,8-HpCDF
          37.87

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,7,8,9-HpCDF
          39.19

13C-1,2,3,4,6,7,8-HpCDF
          37.87
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
0)

F4:m/z     407.7817:SG5Pt_x1

1,2,3,4,7,8,9-HpCDF
          39.19

1,2,3,4,6,7,8-HpCDF
          37.88

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F4:m/z     409.7788:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          37.88

1,2,3,4,7,8,9-HpCDF
          39.19

HpCDF Interference Mass

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

0)

F4:m/z     479.7165:SG5Pt_x1
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Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F4:m/z     423.7767:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          38.89

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          38.89

HpCDD Standards

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.88

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          38.88
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Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  41.40

44.53

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  41.40

OCDF Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

7

15

23

31

39

47

55

63

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.32

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.32
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Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  41.40

44.53

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  41.40

OCDF Interference Mass

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

3

7

11

15

19

23

27

31

35

39

43

Y
 ( 

X
10

)

F5:m/z     513.6775:SG5Pt_x1

42.93
42.27 44.17

43.57
43.10

43.42
42.31
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Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  41.33

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

6

12

18

24

30

36

Y
 ( 

X
10

00
0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  41.33

OCDD Standards

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

-1

7

15

23

31

39

47

55

63

Y
 ( 

X
10

00
0)

F5:m/z     469.7780:SG5Pt_x1
13C-OCDD
  41.32

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  41.32
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Report Date: 17-Dec-2019 09:19:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm

14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     304.9817:SG5Pt_x1

24.2 24.8 25.4 26.0 26.6 27.2 27.8 28.4 29.0 29.6 30.2 30.8
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     330.9785:SG5Pt_x1

30.8 31.4 32.0 32.6 33.2 33.8 34.4 35.0 35.6 36.2 36.8
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9753:SG5Pt_x1

37.2 37.5 37.8 38.1 38.4 38.7 39.0 39.3 39.6 39.9 40.2
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9723:SG5Pt_x1
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Report Date: 17-Dec-2019 09:19:47 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\Chromna\Sacramento\ChromData\DFS1\20191213-88256.b\13de19dfs1_7.d
Injection Date: 13-Dec-2019 16:36:00 Injection Vol: 1.0 ul
Instrument ID: DFS 1 Operator ID: Xcalibur_System
Method: Dioxin_DFS1 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345338 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm

40.2 40.6 41.0 41.4 41.8 42.2 42.6 43.0 43.4 43.8 44.2 44.6 45.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9721:SG5Pt_x1
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56911-1

11D2

312067

Start Date:

End Date: 08/02/2019  06:03

08/02/2019  01:35

CPS 320-312067/1 DB-225 0.32(mm)108/02/2019  01:35 02AU1911D2_001.
d

IC 320-312067/3 DB-225 0.32(mm)108/02/2019  02:52 02AU1911D2_003.
d

IC 320-312067/4 DB-225 0.32(mm)108/02/2019  03:30 02AU1911D2_004.
d

IC 320-312067/5 DB-225 0.32(mm)108/02/2019  04:08 02AU1911D2_005.
d

IC 320-312067/6 DB-225 0.32(mm)108/02/2019  04:46 02AU1911D2_006.
d

IC 320-312067/7 DB-225 0.32(mm)108/02/2019  05:25 02AU1911D2_007.
d

ICV 320-312067/8 DB-225 0.32(mm)108/02/2019  06:03 02AU1911D2_008.
d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56911-1

DFS 1

332505

Start Date:

End Date: 10/19/2019  01:37

10/18/2019  19:15

WDM 320-332505/1 DB-5 0.32(mm)110/18/2019  19:15 18oc19adfs1_2.d

IC 320-332505/3 DB-5 0.32(mm)110/18/2019  20:50 18oc19adfs1_4.d

IC 320-332505/4 DB-5 0.32(mm)110/18/2019  21:38 18oc19adfs1_5.d

IC 320-332505/5 DB-5 0.32(mm)110/18/2019  22:26 18oc19adfs1_6.d

IC 320-332505/6 DB-5 0.32(mm)110/18/2019  23:14 18oc19adfs1_7.d

IC 320-332505/7 DB-5 0.32(mm)110/19/2019  00:02 18oc19adfs1_8.d

ICV 320-332505/9 DB-5 0.32(mm)110/19/2019  01:37 18oc19adfs1_10.
d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56911-1

10D5

338471

Start Date:

End Date: 11/14/2019  14:22

11/14/2019  08:14

WDM 320-338471/1 DB-5 0.32(mm)111/14/2019  08:14 14NO1910D5_1.d

IC 320-338471/3 DB-5 0.32(mm)111/14/2019  09:46 14NO1910D5_3.d

IC 320-338471/4 DB-5 0.32(mm)111/14/2019  10:32 14NO1910D5_4.d

IC 320-338471/5 DB-5 0.32(mm)111/14/2019  11:18 14NO1910D5_5.d

IC 320-338471/6 DB-5 0.32(mm)111/14/2019  12:04 14NO1910D5_6.d

IC 320-338471/7 DB-5 0.32(mm)111/14/2019  12:50 14NO1910D5_7.d

ICV 320-338471/9 DB-5 0.32(mm)111/14/2019  14:22 14NO1910D5_9.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56911-1

10D5

345335

Start Date:

End Date: 12/13/2019  20:57

12/13/2019  11:08

WDM 320-345335/1 DB-5 0.32(mm)112/13/2019  11:08 13DE1910D5_1.d

CCV 320-345335/2 DB-5 0.32(mm)112/13/2019  11:54 13DE1910D5_2.d

ZZZZZ DB-5 0.32(mm)2012/13/2019  13:26

ZZZZZ DB-5 0.32(mm)4012/13/2019  14:12

ZZZZZ DB-5 0.32(mm)3012/13/2019  14:58

320-56911-7 DB-5 0.32(mm)112/13/2019  16:21 13DE1910D5_7.d

320-56911-8 DB-5 0.32(mm)112/13/2019  17:07 13DE1910D5_8.d

320-56911-9 DB-5 0.32(mm)112/13/2019  17:53 13DE1910D5_9.d

320-56911-10 DB-5 0.32(mm)112/13/2019  18:39 13DE1910D5_10.d

320-56911-11 DB-5 0.32(mm)112/13/2019  19:25 13DE1910D5_11.d

320-56911-12 DB-5 0.32(mm)112/13/2019  20:11 13DE1910D5_12.d

320-56911-13 DB-5 0.32(mm)112/13/2019  20:57 13DE1910D5_13.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56911-1

DFS 1

345338

Start Date:

End Date: 12/13/2019  21:23

12/13/2019  12:37

WDM 320-345338/1 DB-5 0.32(mm)112/13/2019  12:37 13de19dfs1_2.d

CCV 320-345338/2 DB-5 0.32(mm)112/13/2019  13:24 13de19dfs1_3.d

MB 320-344634/1-A DB-5 0.32(mm)112/13/2019  15:00 13de19dfs1_5.d

LCS 320-344634/2-A DB-5 0.32(mm)112/13/2019  15:48 13de19dfs1_6.d

LCSD 320-344634/3-A DB-5 0.32(mm)112/13/2019  16:36 13de19dfs1_7.d

320-56911-1 DB-5 0.32(mm)112/13/2019  17:23 13de19dfs1_8.d

320-56911-2 DB-5 0.32(mm)112/13/2019  18:11 13de19dfs1_9.d

320-56911-3 DB-5 0.32(mm)112/13/2019  18:59 13de19dfs1_10.d

320-56911-4 DB-5 0.32(mm)112/13/2019  19:47 13de19dfs1_11.d

320-56911-5 DB-5 0.32(mm)112/13/2019  20:35 13de19dfs1_12.d

320-56911-6 DB-5 0.32(mm)112/13/2019  21:23 13de19dfs1_13.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56911-1

11D2

345960

Start Date:

End Date: 12/17/2019  03:41

12/16/2019  19:16

CPS 320-345960/1 DB-225 0.32(mm)112/16/2019  19:16 16DE19A11D2_001
.d

CCV 320-345960/2 DB-225 0.32(mm)112/16/2019  19:55 16DE19A11D2_002
.d

ZZZZZ DB-225 0.32(mm)112/16/2019  20:40

320-56911-3 RA DB-225 0.32(mm)112/16/2019  21:18 16DE19A11D2_004
.d

320-56911-4 RA DB-225 0.32(mm)112/16/2019  21:56 16DE19A11D2_005
.d

320-56911-5 RA DB-225 0.32(mm)112/16/2019  22:35 16DE19A11D2_006
.d

320-56911-6 RA DB-225 0.32(mm)112/16/2019  23:13 16DE19A11D2_007
.d

320-56911-7 RA DB-225 0.32(mm)112/16/2019  23:51 16DE19A11D2_008
.d

320-56911-8 RA DB-225 0.32(mm)112/17/2019  00:29 16DE19A11D2_009
.d

320-56911-9 RA DB-225 0.32(mm)112/17/2019  01:08 16DE19A11D2_010
.d

320-56911-10 RA DB-225 0.32(mm)112/17/2019  01:46 16DE19A11D2_011
.d

320-56911-11 RA DB-225 0.32(mm)112/17/2019  02:24 16DE19A11D2_012
.d

320-56911-12 RA DB-225 0.32(mm)112/17/2019  03:03 16DE19A11D2_013
.d

320-56911-13 RA DB-225 0.32(mm)112/17/2019  03:41 16DE19A11D2_014
.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56911-1

11D2

346137

Start Date:

End Date: 12/17/2019  16:44

12/17/2019  14:11

CPS 320-346137/1 DB-225 0.32(mm)112/17/2019  14:11 17DE1911D2_001.
d

CCV 320-346137/2 DB-225 0.32(mm)112/17/2019  14:49 17DE1911D2_002.
d

320-56911-1 RA DB-225 0.32(mm)112/17/2019  16:06 17DE1911D2_004.
d

320-56911-2 RA DB-225 0.32(mm)112/17/2019  16:44 17DE1911D2_005.
d

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN BATCH WORKSHEET

320-56911-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Hubbard, Justin M

12/13/19  11:00

12/11/19  08:20344634

Batch Method:

Eurofins TestAmerica, Sacramento

HRMS-Sox

Lab Sample ID Client Sample ID Method Chain Basis InitialAmount FinalAmount ExtractionID RotoVapID HRDXNIDA 00406 HRDXNIS 00121

10 g 20 uL E1 1 1 mL 20 uLHRMS-Sox, 
1613B

MB 320-344634/1

10 g 20 uL 2 3 1 mL 20 uLHRMS-Sox, 
1613B

LCS 
320-344634/2

10 g 20 uL 3 1 1 mL 20 uLHRMS-Sox, 
1613B

LCSD 
320-344634/3

11187072-120719-
SS-SJSSA01 (0-1)

10.11 g 20 uL 4 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-1

11187072-120719-
SS-SJSSA01 (1-2)

10.11 g 20 uL 5 1 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-2

11187072-120719-
SS-SJSSA01 (2-4)

10.02 g 20 uL 6 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-3

11187072-120719-
SS-SJSSA01 (4-6)

10.09 g 20 uL I1 1 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-4

11187072-120819-
BN-SJSSA09 (0-1)

9.99 g 20 uL 2 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-5

11187072-120819-
BN-SJSSA09 (1-2)

10.21 g 20 uL 3 1 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-6

11187072-120819-
BN-SJSSA09 (2-4)

10.11 g 20 uL 4 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-7

11187072-120819-
BN-SJSSA09 (4-6)

10.10 g 20 uL 5 1 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-8

11187072-120819-
BN-SJSSA05 (0-1)

10.15 g 20 uL 6 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-9

11187072-120819-
BN-SJSSA05 (1-2)

10.32 g 20 uL J1 1 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-10

11187072-120819-
BN-SJSSA05 (2-4)

10.09 g 20 uL 2 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-11

11187072-120819-
BN-SJSSA05 (4-6)

10.23 g 20 uL 3 1 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-12

11187072-120819-
BN-DUP2

10.11 g 20 uL 4 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56911-A-13

Lab Sample ID Client Sample ID Method Chain Basis HRDXNSU 00223 HRDXNTA 00117

1 mLHRMS-Sox, 
1613B

MB 320-344634/1

1 mL 50 uLHRMS-Sox, 
1613B

LCS 
320-344634/2

1 mL 50 uLHRMS-Sox, 
1613B

LCSD 
320-344634/3

11187072-120719-
SS-SJSSA01 (0-1)

1 mLHRMS-Sox, 
1613B

T320-56911-A-1

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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Lab Name: Job No.:

SDG No.:

DIOXIN BATCH WORKSHEET

320-56911-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Hubbard, Justin M

12/13/19  11:00

12/11/19  08:20344634

Batch Method:

Eurofins TestAmerica, Sacramento

HRMS-Sox

Lab Sample ID Client Sample ID Method Chain Basis HRDXNSU 00223 HRDXNTA 00117

11187072-120719-
SS-SJSSA01 (1-2)

1 mLHRMS-Sox, 
1613B

T320-56911-A-2

11187072-120719-
SS-SJSSA01 (2-4)

1 mLHRMS-Sox, 
1613B

T320-56911-A-3

11187072-120719-
SS-SJSSA01 (4-6)

1 mLHRMS-Sox, 
1613B

T320-56911-A-4

11187072-120819-
BN-SJSSA09 (0-1)

1 mLHRMS-Sox, 
1613B

T320-56911-A-5

11187072-120819-
BN-SJSSA09 (1-2)

1 mLHRMS-Sox, 
1613B

T320-56911-A-6

11187072-120819-
BN-SJSSA09 (2-4)

1 mLHRMS-Sox, 
1613B

T320-56911-A-7

11187072-120819-
BN-SJSSA09 (4-6)

1 mLHRMS-Sox, 
1613B

T320-56911-A-8

11187072-120819-
BN-SJSSA05 (0-1)

1 mLHRMS-Sox, 
1613B

T320-56911-A-9

11187072-120819-
BN-SJSSA05 (1-2)

1 mLHRMS-Sox, 
1613B

T320-56911-A-10

11187072-120819-
BN-SJSSA05 (2-4)

1 mLHRMS-Sox, 
1613B

T320-56911-A-11

11187072-120819-
BN-SJSSA05 (4-6)

1 mLHRMS-Sox, 
1613B

T320-56911-A-12

11187072-120819-
BN-DUP2

1 mLHRMS-Sox, 
1613B

T320-56911-A-13

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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Lab Name: Job No.:

SDG No.:

DIOXIN BATCH WORKSHEET

320-56911-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Hubbard, Justin M

12/13/19  11:00

12/11/19  08:20344634

Batch Method:

Eurofins TestAmerica, Sacramento

HRMS-Sox

Batch Notes

20% DCM:Hexane ID 1783360 mL

65% DCM:Hexane ID 1813088 mL

Acid Silica Gel ID 1833426

Acid Alumina ID 28X

Balance ID QA-070

C14 ID STBJ0716

Hexane ID 0000234722 mL

IFB Clean Up GLB 12-13-19

Na2SO4 ID 0000228308

Analyst ID - IDA Reagent Drop FC 12/11/19 HD05018 HRDXNIDA_00406 B-2/4

Analyst ID - IDA Reagent Drop Witness JH 12/11/19

Analyst ID - IS Reagent Drop GLB 12-13-19 20uL HRDXNIS00121 B 2/4 DB15270

Analyst ID - IS Reagent Drop Witness NR 12-13-19

Analyst ID - SU Reagent Drop GLB 12-13-19 1.0mL HRDXNSU 00223 B 2/4 HD05018

Analyst ID - SU Reagent Drop Witness RDR 12-13-19

Analyst ID - TA Reagent Drop FC 12/11/19 DB15270 HRDXNTA_00117 B-7/10

Analyst ID - TA Reagent Drop Witness JH 12/11/19

Silica Gel ID 1825738

Soxhlet/Soxtherm End 13:30

Soxhlet/Soxtherm Start 10:30 FC 12-11-19

Storage Box ID DXN117

Toluene ID 0000218358 mL

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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GENERAL CHEMISTRY

Page 1720 of 1734



COVER PAGE

Lab Name:   Job Number: 

Client Sample ID Lab Sample ID

GENERAL CHEMISTRY

Project: San Jacinto River Waste Pits Superfund

SDG No.:  

320-56911-1Eurofins TestAmerica, Sacramento

320-56911-1 11187072-120719-SS-SJSSA01 (0-1)
320-56911-2 11187072-120719-SS-SJSSA01 (1-2)
320-56911-3 11187072-120719-SS-SJSSA01 (2-4)
320-56911-4 11187072-120719-SS-SJSSA01 (4-6)
320-56911-5 11187072-120819-BN-SJSSA09 (0-1)
320-56911-6 11187072-120819-BN-SJSSA09 (1-2)
320-56911-7 11187072-120819-BN-SJSSA09 (2-4)
320-56911-8 11187072-120819-BN-SJSSA09 (4-6)
320-56911-9 11187072-120819-BN-SJSSA05 (0-1)
320-56911-10 11187072-120819-BN-SJSSA05 (1-2)
320-56911-11 11187072-120819-BN-SJSSA05 (2-4)
320-56911-12 11187072-120819-BN-SJSSA05 (4-6)
320-56911-13 11187072-120819-BN-DUP2

Comments:
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9-IN

Instrument ID: NOEQUIP

320-56911-1Job Number:

SedimentMatrix:

SDG Number:

Lab Name:

GENERAL CHEMISTRY

Eurofins TestAmerica, Sacramento

DETECTION LIMITS

D 2216 MDL Date: 01/01/2017 12:44Method:

Analyte Wavelength/
Mass

RL MDL
(%) (%)

Percent Moisture 0.10.1
Percent Solids 0.10.1

FORM IX - IN
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9-IN

Instrument ID: NOEQUIP

320-56911-1Job Number:

SedimentMatrix:

SDG Number:

Lab Name:

GENERAL CHEMISTRY

Eurofins TestAmerica, Sacramento

CALIBRATION BLANK DETECTION LIMITS

D 2216 XMDL Date: 01/01/2017 12:46Method:

Analyte Wavelength/
Mass

XRL XMDL
(%) (%)

Percent Moisture 0.10.1
Percent Solids 0.10.1

FORM IX - IN
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Lab Name:   

Instrument ID: Analysis Method:

Start Date: End Date:12/12/2019  11:45 12/12/2019  11:45

13-IN
ANALYSIS RUN LOG
GENERAL CHEMISTRY

Job No.: 320-56911-1

SDG No.:

Eurofins TestAmerica, Sacramento

NOEQUIP D 2216

Analytes

TimeD/FLab Sample Id
%
S
o
l

M
o
i
s
t

T
y
p
e

X X11:451320-56911-8 T
X X11:451320-56911-8 DU T
X X11:451320-56911-9 T
X X11:451320-56911-11 T
X X11:451320-56911-5 T
X X11:451320-56911-10 T
X X11:451320-56911-6 T
X X11:451320-56911-1 T

11:45ZZZZZZ
11:45ZZZZZZ
11:45ZZZZZZ

X X11:451320-56911-7 T
X X11:451320-56911-12 T
X X11:451320-56911-13 T

11:45ZZZZZZ
11:45ZZZZZZ
11:45ZZZZZZ
11:45ZZZZZZ
11:45ZZZZZZ
11:45ZZZZZZ

Prep Types:
Total/NAT =

FORM XIII-IN
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Lab Name:   

Instrument ID: Analysis Method:

Start Date: End Date:12/13/2019  14:32 12/13/2019  14:32

13-IN
ANALYSIS RUN LOG
GENERAL CHEMISTRY

Job No.: 320-56911-1

SDG No.:

Eurofins TestAmerica, Sacramento

NOEQUIP D 2216

Analytes

TimeD/FLab Sample Id
%
S
o
l

M
o
i
s
t

T
y
p
e

14:32ZZZZZZ
14:32ZZZZZZ
14:32ZZZZZZ
14:32ZZZZZZ
14:32ZZZZZZ

X X14:321320-56911-4 T
X X14:321320-56911-2 T
X X14:321320-56911-3 T

14:32ZZZZZZ
14:32ZZZZZZ

Prep Types:
Total/NAT =

FORM XIII-IN
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Lab Name: Job No.:

SDG No.:

GENERAL CHEMISTRY BATCH WORKSHEET

320-56911-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Braun, Hannah R

12/13/19  10:26

12/12/19  11:45344979

Batch Method:

Eurofins TestAmerica, Sacramento

D 2216

Lab Sample ID Client Sample ID Method Chain Basis DISH# DishWeight SampleMassWet SampleMassDry

11187072-120819-
BN-SJSSA09 (4-6)

1 1.03 g 8.31 g 6.52 gD 2216 T320-56911-A-8

11187072-120819-
BN-SJSSA09 (4-6)

2 1.00 g 6.93 g 5.49 gD 2216 T320-56911-A-8 
DU

11187072-120819-
BN-SJSSA05 (0-1)

3 1.03 g 10.92 g 7.37 gD 2216 T320-56911-A-9

11187072-120819-
BN-SJSSA05 (2-4)

4 1.03 g 11.42 g 8.91 gD 2216 T320-56911-A-11

11187072-120819-
BN-SJSSA09 (0-1)

5 1.06 g 8.37 g 6.25 gD 2216 T320-56911-A-5

11187072-120819-
BN-SJSSA05 (1-2)

6 1.01 g 9.23 g 6.87 gD 2216 T320-56911-A-10

11187072-120819-
BN-SJSSA09 (1-2)

7 1.01 g 9.16 g 7.14 gD 2216 T320-56911-A-6

11187072-120719-
SS-SJSSA01 (0-1)

8 1.02 g 7.53 g 3.96 gD 2216 T320-56911-A-1

11187072-120819-
BN-SJSSA09 (2-4)

12 1.02 g 9.30 g 7.51 gD 2216 T320-56911-A-7

11187072-120819-
BN-SJSSA05 (4-6)

13 1.02 g 12.47 g 8.86 gD 2216 T320-56911-A-12

11187072-120819-
BN-DUP2

14 1.03 g 7.02 g 5.61 gD 2216 T320-56911-A-13

Batch Notes

Balance ID QA-068

Date and Time Samples in Desiccator 12/13/2019 08:28

Date and Time Samples out of Desiccator 12/13/2019 10:26

Date samples were placed in the oven 12/12/2019

Oven Temp In 117 Degrees C

Time samples were place in the oven 11:45

Date samples were removed from oven 12/13/2019

Oven Temp Out 119 Degrees C

Time Samples were removed from oven 08:28

Oven ID Soil prep #2

Thermometer ID 151969607

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.

Page 1 of 2D 2216
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Lab Name: Job No.:

SDG No.:

GENERAL CHEMISTRY BATCH WORKSHEET

320-56911-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Braun, Hannah R

12/13/19  10:26

12/12/19  11:45344979

Batch Method:

Eurofins TestAmerica, Sacramento

D 2216

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.

Page 2 of 2D 2216
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Lab Name: Job No.:

SDG No.:

GENERAL CHEMISTRY BATCH WORKSHEET

320-56911-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Braun, Hannah R

12/16/19  11:18

12/13/19  14:32345327

Batch Method:

Eurofins TestAmerica, Sacramento

D 2216

Lab Sample ID Client Sample ID Method Chain Basis DISH# DishWeight SampleMassWet SampleMassDry

11187072-120719-
SS-SJSSA01 (4-6)

6 1.006 g 7.092 g 4.486 gD 2216 T320-56911-A-4

11187072-120719-
SS-SJSSA01 (1-2)

7 1.002 g 8.882 g 5.527 gD 2216 T320-56911-A-2

11187072-120719-
SS-SJSSA01 (2-4)

8 1.003 g 8.014 g 4.761 gD 2216 T320-56911-A-3

Batch Notes

Balance ID QA-076

Date and Time Samples in Desiccator 12/16/2019 08:31

Date and Time Samples out of Desiccator 12/16/2019 11:18

Date samples were placed in the oven 12/13/2019

Oven Temp In 117 Degrees C

Time samples were place in the oven 14:32

Date samples were removed from oven 12/16/2019

Oven Temp Out 118 Degrees C

Time Samples were removed from oven 08:31

Oven ID Soil Prep #2

Thermometer ID 151969607

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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Login Sample Receipt Checklist

Client: GHD Services Inc. Job Number: 320-56911-1

Login Number: 56911

Question Answer Comment

Creator: Oropeza, Salvador

List Source: Eurofins TestAmerica, Sacramento

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact. 1069520
N/ASample custody seals, if present, are intact.
TrueThe cooler or samples do not appear to have been compromised or 

tampered with.
TrueSamples were received on ice.
TrueCooler Temperature is acceptable.
TrueCooler Temperature is recorded.
TrueCOC is present.
TrueCOC is filled out in ink and legible.
TrueCOC is filled out with all pertinent information.
TrueIs the Field Sampler's name present on COC?
TrueThere are no discrepancies between the containers received and the COC.
TrueSamples are received within Holding Time (excluding tests with immediate 

HTs)
TrueSample containers have legible labels.
TrueContainers are not broken or leaking.
TrueSample collection date/times are provided.
TrueAppropriate sample containers are used.
TrueSample bottles are completely filled.
N/ASample Preservation Verified.
TrueThere is sufficient vol. for all requested analyses, incl. any requested 

MS/MSDs
TrueContainers requiring zero headspace have no headspace or bubble is 

<6mm (1/4").
TrueMultiphasic samples are not present.
TrueSamples do not require splitting or compositing.
N/AResidual Chlorine Checked.
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ANALYTICAL REPORT

Job Number: 320-56953-1

Job Description: San Jacinto River Waste Pits Superfund

For:
GHD Services Inc.

5551 Corporate Boulevard
Suite 200

Baton Rouge, LA  70808

Attention:  Janie Smith

_____________________________________________

Approved for release.
Carrie L Gamber
Senior Project Manager
12/23/2019 10:20 AM

Carrie L Gamber, Senior Project Manager
301 Alpha Drive, Pittsburgh, PA, 15238

(412)963-2428       
carrie.gamber@testamericainc.com

12/23/2019  

The test results in this report meet all NELAP requirements for parameters for which accreditation is required or available.  Any exceptions to the
NELAP requirements are noted in this report.  Pursuant to NELAP, this report may not be reproduced, except in full, without the written approval of the
laboratory.  This report is confidential and is intended for the sole use of TestAmerica and its client. All questions regarding this report should be
directed to the TestAmerica Project Manager or designee who has signed this report.

The test results in this report relate only to the samples as received by the laboratory and will meet all requirements of the methodology, with any
exceptions noted. This report shall not be reproduced except in full, without the express written approval of the laboratory. All questions should be
directed to the Eurofins TestAmerica Project Manager.

This report has been electronically signed and authorized by the signatory.  Electronic signature is intended to be the legally binding equivalent of a
traditionally handwritten signature.

Eurofins TestAmerica, Sacramento

880 Riverside Parkway, West Sacramento, CA  95605

Tel (916) 373-5600  Fax (916) 372-1059 www.testamericainc.com
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Definitions/Glossary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Qualifiers

Dioxin
Qualifier Description

* Isotope Dilution analyte  is outside acceptance limits.
Qualifier

B Compound was found in the blank and sample.
J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.
q The reported result is the estimated maximum possible concentration of this analyte, quantitated using the theoretical ion ratio. The 

measured ion ratio does not meet qualitative identification criteria and indicates a possible interference.

Glossary
These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis
Abbreviation

%R Percent Recovery
CFL Contains Free Liquid
CNF Contains No Free Liquid
DER Duplicate Error Ratio (normalized absolute difference)
Dil Fac Dilution Factor
DL Detection Limit (DoD/DOE)
DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample
DLC Decision Level Concentration (Radiochemistry)
EDL Estimated Detection Limit (Dioxin)
LOD Limit of Detection (DoD/DOE)
LOQ Limit of Quantitation (DoD/DOE)
MDA Minimum Detectable Activity (Radiochemistry)
MDC Minimum Detectable Concentration (Radiochemistry)
MDL Method Detection Limit
ML Minimum Level (Dioxin)
NC Not Calculated
ND Not Detected at the reporting limit (or MDL or EDL if shown)
PQL Practical Quantitation Limit
QC Quality Control
RER Relative Error Ratio (Radiochemistry)
RL Reporting Limit or Requested Limit (Radiochemistry)
RPD Relative Percent Difference, a measure of the relative difference between two points
TEF Toxicity Equivalent Factor (Dioxin)
TEQ Toxicity Equivalent Quotient (Dioxin)

Eurofins TestAmerica, Sacramento
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CASE NARRATIVE

Client: GHD Services Inc.

Project: San Jacinto River Waste Pits Superfund

Report Number: 320-56953-1

With the exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no 
problems were encountered or anomalies observed.  In addition all laboratory quality control samples were within established control 
limits, with any exceptions noted below.  Each sample was analyzed to achieve the lowest possible reporting limit within the constraints of 
the method.  In some cases, due to interference or analytes present at high concentrations, samples were diluted.  For diluted samples, 
the reporting limits are adjusted relative to the dilution required.

Calculations are performed before rounding to avoid round-off errors in calculated results.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the 
individual sections below.

RECEIPT
The samples were received on 12/11/2019; the samples arrived in good condition, properly preserved and on ice.  The temperature of the 
coolers at receipt was 5.6 C.

NOTE:  Results for non-detect PCDD/PCDF analytes are reported using the Estimated Detection Limit (EDL) convention, which provides 
the lowest possible detection limits for each analyte in each sample based on the magnitude of chromatographic and detector ‘noise’ at 
the expected retention time of each analyte.  EDL values are typically well below 1 pg/g, and the TEQ-weighted sum of EDL values is 
below the targeted action limit of 30 pg/g in each reported sample.

DIOXINS
Several analytes were detected in method blank MB 320-344942/1-A at levels that were above the method detection limit but below the 
reporting limit.  The values should be considered estimates, and have been flagged.  If the associated sample reported a result above the 
MDL and/or RL, the result has been flagged.  

PERCENT SOLIDS
No analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.
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Detection Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA07(0-1) Lab Sample ID: 320-56953-1

☼2,3,7,8-TCDD
RL

2.2 pg/g
EDL

0.34
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA18.6 1613B
☼1,2,3,7,8-PeCDF 11 pg/g0.33 Total/NA11.1 J q 1613B
☼2,3,4,7,8-PeCDF 11 pg/g0.33 Total/NA10.74 J q 1613B
☼1,2,3,4,7,8-HxCDD 11 pg/g0.32 Total/NA11.1 J 1613B
☼1,2,3,6,7,8-HxCDD 11 pg/g0.34 Total/NA11.9 J 1613B
☼1,2,3,7,8,9-HxCDD 11 pg/g0.29 Total/NA12.7 J 1613B
☼1,2,3,4,7,8-HxCDF 11 pg/g0.33 Total/NA11.3 J 1613B
☼1,2,3,6,7,8-HxCDF 11 pg/g0.32 Total/NA11.1 J 1613B
☼1,2,3,7,8,9-HxCDF 11 pg/g0.24 Total/NA10.78 J 1613B
☼2,3,4,6,7,8-HxCDF 11 pg/g0.24 Total/NA10.60 J 1613B
☼1,2,3,4,6,7,8-HpCDD 11 pg/g1.5 Total/NA161 B 1613B
☼1,2,3,4,6,7,8-HpCDF 11 pg/g0.43 Total/NA14.8 J B 1613B
☼1,2,3,4,7,8,9-HpCDF 11 pg/g0.50 Total/NA11.3 J q B 1613B
☼OCDD 22 pg/g1.8 Total/NA12400 B 1613B
☼OCDF 22 pg/g0.42 Total/NA144 B 1613B
☼Total TCDD 2.2 pg/g0.34 Total/NA111 1613B
☼Total TCDF 2.2 pg/g0.44 Total/NA147 q 1613B
☼Total PeCDD 11 pg/g0.51 Total/NA13.7 J q 1613B
☼Total PeCDF 11 pg/g0.33 Total/NA14.8 J q 1613B
☼Total HxCDD 11 pg/g0.31 Total/NA138 1613B
☼Total HxCDF 11 pg/g0.28 Total/NA18.8 J q 1613B
☼Total HpCDD 11 pg/g1.5 Total/NA1220 B 1613B
☼Total HpCDF 11 pg/g0.47 Total/NA115 q B 1613B
☼2,3,7,8-TCDF - RA 2.2 pg/g0.30 Total/NA128 1613B

Client Sample ID: 11187072-120919-BN-SJSSA07(1-2) Lab Sample ID: 320-56953-2

☼2,3,7,8-TCDD
RL

1.5 pg/g
EDL

0.18
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J1.1 1613B
☼1,2,3,4,7,8-HxCDD 7.6 pg/g0.19 Total/NA10.40 J q 1613B
☼1,2,3,6,7,8-HxCDD 7.6 pg/g0.20 Total/NA10.59 J 1613B
☼1,2,3,7,8,9-HxCDD 7.6 pg/g0.17 Total/NA11.3 J 1613B
☼1,2,3,6,7,8-HxCDF 7.6 pg/g0.12 Total/NA10.15 J q 1613B
☼1,2,3,4,6,7,8-HpCDD 7.6 pg/g0.54 Total/NA116 B 1613B
☼1,2,3,4,6,7,8-HpCDF 7.6 pg/g0.19 Total/NA10.64 J B 1613B
☼OCDD 15 pg/g0.48 Total/NA1430 B 1613B
☼OCDF 15 pg/g0.27 Total/NA15.4 J B 1613B
☼Total TCDD 1.5 pg/g0.18 Total/NA13.8 q 1613B
☼Total TCDF 1.5 pg/g0.12 Total/NA13.1 q 1613B
☼Total PeCDD 7.6 pg/g0.28 Total/NA14.2 J q 1613B
☼Total HxCDD 7.6 pg/g0.19 Total/NA120 q 1613B
☼Total HxCDF 7.6 pg/g0.11 Total/NA10.15 J q 1613B
☼Total HpCDD 7.6 pg/g0.54 Total/NA175 B 1613B
☼Total HpCDF 7.6 pg/g0.20 Total/NA11.5 J q B 1613B
☼2,3,7,8-TCDF - RA 1.5 pg/g0.14 Total/NA12.7 1613B

Client Sample ID: 11187072-120919-BN-SJSSA07(2-4) Lab Sample ID: 320-56953-3

☼1,2,3,4,7,8-HxCDD
RL

6.0 pg/g
EDL

0.11
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J q0.19 1613B
☼1,2,3,4,6,7,8-HpCDD 6.0 pg/g0.11 Total/NA11.4 J B 1613B
☼OCDD 12 pg/g0.18 Total/NA136 B 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA07(2-4) 
(Continued)

Lab Sample ID: 320-56953-3

☼Total TCDD
RL

1.2 pg/g
EDL

0.10
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J q0.40 1613B
☼Total PeCDD 6.0 pg/g0.15 Total/NA10.28 J 1613B
☼Total HxCDD 6.0 pg/g0.10 Total/NA11.9 J q 1613B
☼Total HpCDD 6.0 pg/g0.11 Total/NA15.7 J B 1613B

Client Sample ID: 11187072-120919-BN-SJSSA07(4-6) Lab Sample ID: 320-56953-4

☼1,2,3,7,8,9-HxCDD
RL

8.8 pg/g
EDL

0.46
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J2.6 1613B
☼1,2,3,4,6,7,8-HpCDD 8.8 pg/g1.0 Total/NA139 B 1613B
☼OCDD 18 pg/g1.2 Total/NA1890 B 1613B
☼OCDF 18 pg/g0.62 Total/NA127 B 1613B
☼Total TCDD 1.8 pg/g0.34 Total/NA10.57 J q 1613B
☼Total PeCDD 8.8 pg/g0.66 Total/NA15.4 J q 1613B
☼Total HxCDD 8.8 pg/g0.50 Total/NA128 1613B
☼Total HpCDD 8.8 pg/g1.0 Total/NA1130 B 1613B
☼Total HpCDF 8.8 pg/g0.61 Total/NA15.6 J B 1613B

Client Sample ID: 11187072-120919-BN-SJSSA04(0-1) Lab Sample ID: 320-56953-5

☼2,3,7,8-TCDD
RL

2.4 pg/g
EDL

0.33
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA111 1613B
☼1,2,3,7,8-PeCDF 12 pg/g0.29 Total/NA11.1 J q 1613B
☼2,3,4,7,8-PeCDF 12 pg/g0.31 Total/NA10.77 J 1613B
☼1,2,3,4,7,8-HxCDD 12 pg/g0.35 Total/NA10.63 J q 1613B
☼1,2,3,6,7,8-HxCDD 12 pg/g0.37 Total/NA10.88 J 1613B
☼1,2,3,7,8,9-HxCDD 12 pg/g0.32 Total/NA12.4 J 1613B
☼1,2,3,4,7,8-HxCDF 12 pg/g0.20 Total/NA11.2 J 1613B
☼1,2,3,6,7,8-HxCDF 12 pg/g0.21 Total/NA10.41 J q 1613B
☼1,2,3,7,8,9-HxCDF 12 pg/g0.16 Total/NA10.61 J q 1613B
☼1,2,3,4,6,7,8-HpCDD 12 pg/g0.95 Total/NA131 B 1613B
☼1,2,3,4,6,7,8-HpCDF 12 pg/g0.27 Total/NA11.7 J B 1613B
☼OCDD 24 pg/g0.64 Total/NA1720 B 1613B
☼OCDF 24 pg/g0.35 Total/NA112 J B 1613B
☼Total TCDD 2.4 pg/g0.33 Total/NA121 q 1613B
☼Total TCDF 2.4 pg/g0.36 Total/NA172 q 1613B
☼Total PeCDD 12 pg/g0.40 Total/NA18.9 J q 1613B
☼Total PeCDF 12 pg/g0.30 Total/NA12.7 J q 1613B
☼Total HxCDD 12 pg/g0.35 Total/NA141 q 1613B
☼Total HxCDF 12 pg/g0.18 Total/NA14.1 J q 1613B
☼Total HpCDD 12 pg/g0.95 Total/NA1130 B 1613B
☼Total HpCDF 12 pg/g0.30 Total/NA14.9 J B 1613B
☼2,3,7,8-TCDF - RA 2.4 pg/g0.30 Total/NA143 1613B

Client Sample ID: 11187072-120919-BN-SJSSA04(1-2) Lab Sample ID: 320-56953-6

☼2,3,7,8-TCDD
RL

1.9 pg/g
EDL

0.41
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA113 1613B
☼1,2,3,7,8-PeCDF 9.7 pg/g0.46 Total/NA11.6 J q 1613B
☼2,3,4,7,8-PeCDF 9.7 pg/g0.48 Total/NA11.0 J 1613B
☼1,2,3,4,7,8-HxCDD 9.7 pg/g0.47 Total/NA10.98 J q 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA04(1-2) 
(Continued)

Lab Sample ID: 320-56953-6

☼1,2,3,6,7,8-HxCDD
RL

9.7 pg/g
EDL

0.46
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J q1.5 1613B
☼1,2,3,7,8,9-HxCDD 9.7 pg/g0.41 Total/NA12.3 J 1613B
☼1,2,3,4,7,8-HxCDF 9.7 pg/g0.39 Total/NA11.8 J q 1613B
☼1,2,3,6,7,8-HxCDF 9.7 pg/g0.40 Total/NA11.2 J 1613B
☼1,2,3,4,6,7,8-HpCDD 9.7 pg/g1.5 Total/NA157 B 1613B
☼1,2,3,4,6,7,8-HpCDF 9.7 pg/g0.44 Total/NA14.2 J q B 1613B
☼OCDD 19 pg/g1.9 Total/NA12100 B 1613B
☼OCDF 19 pg/g0.59 Total/NA135 B 1613B
☼Total TCDD 1.9 pg/g0.41 Total/NA119 q 1613B
☼Total TCDF 1.9 pg/g0.57 Total/NA189 q 1613B
☼Total PeCDD 9.7 pg/g0.71 Total/NA15.3 J q 1613B
☼Total PeCDF 9.7 pg/g0.47 Total/NA15.4 J q 1613B
☼Total HxCDD 9.7 pg/g0.45 Total/NA140 q 1613B
☼Total HxCDF 9.7 pg/g0.35 Total/NA16.4 J q 1613B
☼Total HpCDD 9.7 pg/g1.5 Total/NA1220 B 1613B
☼Total HpCDF 9.7 pg/g0.50 Total/NA112 q B 1613B
☼2,3,7,8-TCDF - RA 1.9 pg/g0.27 Total/NA150 1613B

Client Sample ID: 11187072-120919-BN-SJSSA04(2-4) Lab Sample ID: 320-56953-7

☼2,3,7,8-TCDD
RL

2.1 pg/g
EDL

0.27
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA17.7 1613B
☼1,2,3,7,8-PeCDF 11 pg/g0.26 Total/NA10.70 J q 1613B
☼2,3,4,7,8-PeCDF 11 pg/g0.27 Total/NA10.60 J 1613B
☼1,2,3,4,7,8-HxCDD 11 pg/g0.34 Total/NA10.63 J q 1613B
☼1,2,3,6,7,8-HxCDD 11 pg/g0.36 Total/NA10.99 J 1613B
☼1,2,3,7,8,9-HxCDD 11 pg/g0.31 Total/NA12.5 J 1613B
☼1,2,3,4,7,8-HxCDF 11 pg/g0.22 Total/NA10.78 J 1613B
☼1,2,3,6,7,8-HxCDF 11 pg/g0.22 Total/NA10.33 J q 1613B
☼1,2,3,4,6,7,8-HpCDD 11 pg/g0.84 Total/NA131 B 1613B
☼1,2,3,4,6,7,8-HpCDF 11 pg/g0.29 Total/NA11.0 J B 1613B
☼OCDD 21 pg/g0.64 Total/NA1750 B 1613B
☼OCDF 21 pg/g0.33 Total/NA19.2 J B 1613B
☼Total TCDD 2.1 pg/g0.27 Total/NA116 q 1613B
☼Total TCDF 2.1 pg/g0.38 Total/NA152 q 1613B
☼Total PeCDD 11 pg/g0.40 Total/NA17.7 J 1613B
☼Total PeCDF 11 pg/g0.26 Total/NA12.1 J q 1613B
☼Total HxCDD 11 pg/g0.34 Total/NA139 q 1613B
☼Total HxCDF 11 pg/g0.19 Total/NA11.1 J q 1613B
☼Total HpCDD 11 pg/g0.84 Total/NA1120 B 1613B
☼Total HpCDF 11 pg/g0.32 Total/NA12.5 J B q 1613B
☼2,3,7,8-TCDF - RA 2.1 pg/g0.25 Total/NA129 1613B

Client Sample ID: 11187072-120919-BN-SJSSA04(4-6) Lab Sample ID: 320-56953-8

☼2,3,7,8-TCDD
RL

2.3 pg/g
EDL

0.50
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA131 1613B
☼1,2,3,7,8-PeCDD 12 pg/g0.49 Total/NA10.88 J q 1613B
☼1,2,3,7,8-PeCDF 12 pg/g0.48 Total/NA13.9 J 1613B
☼2,3,4,7,8-PeCDF 12 pg/g0.52 Total/NA12.1 J q 1613B
☼1,2,3,4,7,8-HxCDD 12 pg/g0.40 Total/NA11.9 J 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Detection Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA04(4-6) 
(Continued)

Lab Sample ID: 320-56953-8

☼1,2,3,6,7,8-HxCDD
RL

12 pg/g
EDL

0.45
Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J4.4 1613B
☼1,2,3,7,8,9-HxCDD 12 pg/g0.38 Total/NA15.7 J 1613B
☼1,2,3,4,7,8-HxCDF 12 pg/g0.45 Total/NA15.6 J 1613B
☼1,2,3,6,7,8-HxCDF 12 pg/g0.45 Total/NA12.6 J 1613B
☼1,2,3,7,8,9-HxCDF 12 pg/g0.33 Total/NA10.39 J 1613B
☼2,3,4,6,7,8-HxCDF 12 pg/g0.34 Total/NA10.92 J q 1613B
☼1,2,3,4,6,7,8-HpCDD 12 pg/g3.5 Total/NA1180 B 1613B
☼1,2,3,4,6,7,8-HpCDF 12 pg/g0.90 Total/NA120 B 1613B
☼1,2,3,4,7,8,9-HpCDF 12 pg/g1.1 Total/NA12.2 J B 1613B
☼OCDD 23 pg/g3.4 Total/NA14700 B 1613B
☼OCDF 23 pg/g0.40 Total/NA1190 B 1613B
☼Total TCDD 2.3 pg/g0.50 Total/NA139 q 1613B
☼Total TCDF 2.3 pg/g0.79 Total/NA1180 q 1613B
☼Total PeCDD 12 pg/g0.49 Total/NA113 q 1613B
☼Total PeCDF 12 pg/g0.50 Total/NA116 q 1613B
☼Total HxCDD 12 pg/g0.41 Total/NA196 1613B
☼Total HxCDF 12 pg/g0.39 Total/NA129 q 1613B
☼Total HpCDD 12 pg/g3.5 Total/NA1610 B 1613B
☼Total HpCDF 12 pg/g1.0 Total/NA165 B 1613B
☼2,3,7,8-TCDF - RA 2.3 pg/g0.51 Total/NA1110 1613B

Eurofins TestAmerica, Sacramento

This Detection Summary does not include radiochemical test results.
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Client Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56953-1Client Sample ID: 11187072-120919-BN-SJSSA07(0-1)
Matrix: SedimentDate Collected: 12/09/19 15:35

Percent Solids: 43.4Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 8.6 2.2 0.34 pg/g ☼ 12/12/19 08:56 12/19/19 15:46 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

11 0.51 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,7,8-PeCDD ND
11 0.33 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,7,8-PeCDF 1.1 J q

11 0.33 pg/g 12/12/19 08:56 12/19/19 15:46 1☼2,3,4,7,8-PeCDF 0.74 J q

11 0.32 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,4,7,8-HxCDD 1.1 J

11 0.34 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,6,7,8-HxCDD 1.9 J

11 0.29 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,7,8,9-HxCDD 2.7 J

11 0.33 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,4,7,8-HxCDF 1.3 J

11 0.32 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,6,7,8-HxCDF 1.1 J

11 0.24 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,7,8,9-HxCDF 0.78 J

11 0.24 pg/g 12/12/19 08:56 12/19/19 15:46 1☼2,3,4,6,7,8-HxCDF 0.60 J

11 1.5 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,4,6,7,8-HpCDD 61 B

11 0.43 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,4,6,7,8-HpCDF 4.8 J B

11 0.50 pg/g 12/12/19 08:56 12/19/19 15:46 1☼1,2,3,4,7,8,9-HpCDF 1.3 J q B

22 1.8 pg/g 12/12/19 08:56 12/19/19 15:46 1☼OCDD 2400 B

22 0.42 pg/g 12/12/19 08:56 12/19/19 15:46 1☼OCDF 44 B

2.2 0.34 pg/g 12/12/19 08:56 12/19/19 15:46 1☼Total TCDD 11

2.2 0.44 pg/g 12/12/19 08:56 12/19/19 15:46 1☼Total TCDF 47 q

11 0.51 pg/g 12/12/19 08:56 12/19/19 15:46 1☼Total PeCDD 3.7 J q

11 0.33 pg/g 12/12/19 08:56 12/19/19 15:46 1☼Total PeCDF 4.8 J q

11 0.31 pg/g 12/12/19 08:56 12/19/19 15:46 1☼Total HxCDD 38

11 0.28 pg/g 12/12/19 08:56 12/19/19 15:46 1☼Total HxCDF 8.8 J q

11 1.5 pg/g 12/12/19 08:56 12/19/19 15:46 1☼Total HpCDD 220 B

11 0.47 pg/g 12/12/19 08:56 12/19/19 15:46 1☼Total HpCDF 15 q B

13C-2,3,7,8-TCDD 61 25 - 164 12/12/19 08:56 12/19/19 15:46 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 59 12/12/19 08:56 12/19/19 15:46 124 - 169

13C-1,2,3,7,8-PeCDD 60 12/12/19 08:56 12/19/19 15:46 125 - 181

13C-1,2,3,7,8-PeCDF 58 12/12/19 08:56 12/19/19 15:46 124 - 185

13C-2,3,4,7,8-PeCDF 63 12/12/19 08:56 12/19/19 15:46 121 - 178

13C-1,2,3,4,7,8-HxCDD 63 12/12/19 08:56 12/19/19 15:46 132 - 141

13C-1,2,3,6,7,8-HxCDD 64 12/12/19 08:56 12/19/19 15:46 128 - 130

13C-1,2,3,4,7,8-HxCDF 61 12/12/19 08:56 12/19/19 15:46 126 - 152

13C-1,2,3,6,7,8-HxCDF 59 12/12/19 08:56 12/19/19 15:46 126 - 123

13C-1,2,3,7,8,9-HxCDF 60 12/12/19 08:56 12/19/19 15:46 129 - 147

13C-2,3,4,6,7,8-HxCDF 60 12/12/19 08:56 12/19/19 15:46 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 62 12/12/19 08:56 12/19/19 15:46 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 56 12/12/19 08:56 12/19/19 15:46 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 66 12/12/19 08:56 12/19/19 15:46 126 - 138

13C-OCDD 68 12/12/19 08:56 12/19/19 15:46 117 - 157

37Cl4-2,3,7,8-TCDD 100 35 - 197 12/12/19 08:56 12/19/19 15:46 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 28 2.2 0.30 pg/g ☼ 12/12/19 08:56 12/19/19 21:19 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 68 24 - 169 12/12/19 08:56 12/19/19 21:19 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Sacramento
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Client Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56953-1Client Sample ID: 11187072-120919-BN-SJSSA07(0-1)
Matrix: SedimentDate Collected: 12/09/19 15:35

Percent Solids: 43.4Date Received: 12/11/19 09:30

37Cl4-2,3,7,8-TCDD 103 35 - 197 12/12/19 08:56 12/19/19 21:19 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56953-2Client Sample ID: 11187072-120919-BN-SJSSA07(1-2)
Matrix: SedimentDate Collected: 12/09/19 15:35

Percent Solids: 64.4Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 1.1 J 1.5 0.18 pg/g ☼ 12/12/19 08:56 12/19/19 16:33 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

7.6 0.28 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,7,8-PeCDD ND
7.6 0.16 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,7,8-PeCDF ND
7.6 0.16 pg/g 12/12/19 08:56 12/19/19 16:33 1☼2,3,4,7,8-PeCDF ND
7.6 0.19 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,4,7,8-HxCDD 0.40 J q

7.6 0.20 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,6,7,8-HxCDD 0.59 J

7.6 0.17 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,7,8,9-HxCDD 1.3 J

7.6 0.12 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,4,7,8-HxCDF ND
7.6 0.12 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,6,7,8-HxCDF 0.15 J q

7.6 0.097 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,7,8,9-HxCDF ND
7.6 0.093 pg/g 12/12/19 08:56 12/19/19 16:33 1☼2,3,4,6,7,8-HxCDF ND
7.6 0.54 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,4,6,7,8-HpCDD 16 B

7.6 0.19 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,4,6,7,8-HpCDF 0.64 J B

7.6 0.21 pg/g 12/12/19 08:56 12/19/19 16:33 1☼1,2,3,4,7,8,9-HpCDF ND
15 0.48 pg/g 12/12/19 08:56 12/19/19 16:33 1☼OCDD 430 B

15 0.27 pg/g 12/12/19 08:56 12/19/19 16:33 1☼OCDF 5.4 J B

1.5 0.18 pg/g 12/12/19 08:56 12/19/19 16:33 1☼Total TCDD 3.8 q

1.5 0.12 pg/g 12/12/19 08:56 12/19/19 16:33 1☼Total TCDF 3.1 q

7.6 0.28 pg/g 12/12/19 08:56 12/19/19 16:33 1☼Total PeCDD 4.2 J q

7.6 0.17 pg/g 12/12/19 08:56 12/19/19 16:33 1☼Total PeCDF ND
7.6 0.19 pg/g 12/12/19 08:56 12/19/19 16:33 1☼Total HxCDD 20 q

7.6 0.11 pg/g 12/12/19 08:56 12/19/19 16:33 1☼Total HxCDF 0.15 J q

7.6 0.54 pg/g 12/12/19 08:56 12/19/19 16:33 1☼Total HpCDD 75 B

7.6 0.20 pg/g 12/12/19 08:56 12/19/19 16:33 1☼Total HpCDF 1.5 J q B

13C-2,3,7,8-TCDD 61 25 - 164 12/12/19 08:56 12/19/19 16:33 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 63 12/12/19 08:56 12/19/19 16:33 124 - 169

13C-1,2,3,7,8-PeCDD 59 12/12/19 08:56 12/19/19 16:33 125 - 181

13C-1,2,3,7,8-PeCDF 58 12/12/19 08:56 12/19/19 16:33 124 - 185

13C-2,3,4,7,8-PeCDF 62 12/12/19 08:56 12/19/19 16:33 121 - 178

13C-1,2,3,4,7,8-HxCDD 65 12/12/19 08:56 12/19/19 16:33 132 - 141

13C-1,2,3,6,7,8-HxCDD 62 12/12/19 08:56 12/19/19 16:33 128 - 130

13C-1,2,3,4,7,8-HxCDF 63 12/12/19 08:56 12/19/19 16:33 126 - 152

13C-1,2,3,6,7,8-HxCDF 60 12/12/19 08:56 12/19/19 16:33 126 - 123

13C-1,2,3,7,8,9-HxCDF 60 12/12/19 08:56 12/19/19 16:33 129 - 147

13C-2,3,4,6,7,8-HxCDF 61 12/12/19 08:56 12/19/19 16:33 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 61 12/12/19 08:56 12/19/19 16:33 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 55 12/12/19 08:56 12/19/19 16:33 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 67 12/12/19 08:56 12/19/19 16:33 126 - 138

13C-OCDD 60 12/12/19 08:56 12/19/19 16:33 117 - 157

Eurofins TestAmerica, Sacramento
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Client Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56953-2Client Sample ID: 11187072-120919-BN-SJSSA07(1-2)
Matrix: SedimentDate Collected: 12/09/19 15:35

Percent Solids: 64.4Date Received: 12/11/19 09:30

37Cl4-2,3,7,8-TCDD 104 35 - 197 12/12/19 08:56 12/19/19 16:33 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 2.7 1.5 0.14 pg/g ☼ 12/12/19 08:56 12/19/19 20:41 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 69 24 - 169 12/12/19 08:56 12/19/19 20:41 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 110 35 - 197 12/12/19 08:56 12/19/19 20:41 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56953-3Client Sample ID: 11187072-120919-BN-SJSSA07(2-4)
Matrix: SedimentDate Collected: 12/09/19 15:40

Percent Solids: 81.7Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD ND 1.2 0.10 pg/g ☼ 12/12/19 08:56 12/19/19 17:21 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.2 0.073 pg/g 12/12/19 08:56 12/19/19 17:21 1☼2,3,7,8-TCDF ND
6.0 0.15 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,7,8-PeCDD ND
6.0 0.11 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,7,8-PeCDF ND
6.0 0.12 pg/g 12/12/19 08:56 12/19/19 17:21 1☼2,3,4,7,8-PeCDF ND
6.0 0.11 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,4,7,8-HxCDD 0.19 J q

6.0 0.11 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,6,7,8-HxCDD ND
6.0 0.096 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,7,8,9-HxCDD ND
6.0 0.092 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,4,7,8-HxCDF ND
6.0 0.088 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,6,7,8-HxCDF ND
6.0 0.071 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,7,8,9-HxCDF ND
6.0 0.070 pg/g 12/12/19 08:56 12/19/19 17:21 1☼2,3,4,6,7,8-HxCDF ND
6.0 0.11 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,4,6,7,8-HpCDD 1.4 J B

6.0 0.15 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,4,6,7,8-HpCDF ND
6.0 0.17 pg/g 12/12/19 08:56 12/19/19 17:21 1☼1,2,3,4,7,8,9-HpCDF ND
12 0.18 pg/g 12/12/19 08:56 12/19/19 17:21 1☼OCDD 36 B

12 0.17 pg/g 12/12/19 08:56 12/19/19 17:21 1☼OCDF ND
1.2 0.10 pg/g 12/12/19 08:56 12/19/19 17:21 1☼Total TCDD 0.40 J q

1.2 0.073 pg/g 12/12/19 08:56 12/19/19 17:21 1☼Total TCDF ND
6.0 0.15 pg/g 12/12/19 08:56 12/19/19 17:21 1☼Total PeCDD 0.28 J

6.0 0.12 pg/g 12/12/19 08:56 12/19/19 17:21 1☼Total PeCDF ND
6.0 0.10 pg/g 12/12/19 08:56 12/19/19 17:21 1☼Total HxCDD 1.9 J q

6.0 0.092 pg/g 12/12/19 08:56 12/19/19 17:21 1☼Total HxCDF ND
6.0 0.11 pg/g 12/12/19 08:56 12/19/19 17:21 1☼Total HpCDD 5.7 J B

6.0 0.17 pg/g 12/12/19 08:56 12/19/19 17:21 1☼Total HpCDF ND

13C-2,3,7,8-TCDD 64 25 - 164 12/12/19 08:56 12/19/19 17:21 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 63 12/12/19 08:56 12/19/19 17:21 124 - 169

13C-1,2,3,7,8-PeCDD 59 12/12/19 08:56 12/19/19 17:21 125 - 181

13C-1,2,3,7,8-PeCDF 60 12/12/19 08:56 12/19/19 17:21 124 - 185

13C-2,3,4,7,8-PeCDF 64 12/12/19 08:56 12/19/19 17:21 121 - 178

13C-1,2,3,4,7,8-HxCDD 69 12/12/19 08:56 12/19/19 17:21 132 - 141

13C-1,2,3,6,7,8-HxCDD 70 12/12/19 08:56 12/19/19 17:21 128 - 130
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Client Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56953-3Client Sample ID: 11187072-120919-BN-SJSSA07(2-4)
Matrix: SedimentDate Collected: 12/09/19 15:40

Percent Solids: 81.7Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

13C-1,2,3,4,7,8-HxCDF 67 26 - 152 12/12/19 08:56 12/19/19 17:21 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,6,7,8-HxCDF 66 12/12/19 08:56 12/19/19 17:21 126 - 123

13C-1,2,3,7,8,9-HxCDF 62 12/12/19 08:56 12/19/19 17:21 129 - 147

13C-2,3,4,6,7,8-HxCDF 65 12/12/19 08:56 12/19/19 17:21 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 67 12/12/19 08:56 12/19/19 17:21 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 64 12/12/19 08:56 12/19/19 17:21 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 71 12/12/19 08:56 12/19/19 17:21 126 - 138

13C-OCDD 72 12/12/19 08:56 12/19/19 17:21 117 - 157

37Cl4-2,3,7,8-TCDD 100 35 - 197 12/12/19 08:56 12/19/19 17:21 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56953-4Client Sample ID: 11187072-120919-BN-SJSSA07(4-6)
Matrix: SedimentDate Collected: 12/09/19 15:40

Percent Solids: 56.0Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD ND 1.8 0.34 pg/g ☼ 12/12/19 08:56 12/19/19 18:09 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.8 0.25 pg/g 12/12/19 08:56 12/19/19 18:09 1☼2,3,7,8-TCDF ND
8.8 0.66 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,7,8-PeCDD ND
8.8 0.39 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,7,8-PeCDF ND
8.8 0.41 pg/g 12/12/19 08:56 12/19/19 18:09 1☼2,3,4,7,8-PeCDF ND
8.8 0.51 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,4,7,8-HxCDD ND
8.8 0.54 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,6,7,8-HxCDD ND
8.8 0.46 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,7,8,9-HxCDD 2.6 J

8.8 0.33 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,4,7,8-HxCDF ND
8.8 0.31 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,6,7,8-HxCDF ND
8.8 0.26 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,7,8,9-HxCDF ND
8.8 0.24 pg/g 12/12/19 08:56 12/19/19 18:09 1☼2,3,4,6,7,8-HxCDF ND
8.8 1.0 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,4,6,7,8-HpCDD 39 B

8.8 0.52 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,4,6,7,8-HpCDF ND
8.8 0.70 pg/g 12/12/19 08:56 12/19/19 18:09 1☼1,2,3,4,7,8,9-HpCDF ND
18 1.2 pg/g 12/12/19 08:56 12/19/19 18:09 1☼OCDD 890 B

18 0.62 pg/g 12/12/19 08:56 12/19/19 18:09 1☼OCDF 27 B

1.8 0.34 pg/g 12/12/19 08:56 12/19/19 18:09 1☼Total TCDD 0.57 J q

1.8 0.25 pg/g 12/12/19 08:56 12/19/19 18:09 1☼Total TCDF ND
8.8 0.66 pg/g 12/12/19 08:56 12/19/19 18:09 1☼Total PeCDD 5.4 J q

8.8 0.43 pg/g 12/12/19 08:56 12/19/19 18:09 1☼Total PeCDF ND
8.8 0.50 pg/g 12/12/19 08:56 12/19/19 18:09 1☼Total HxCDD 28

8.8 0.33 pg/g 12/12/19 08:56 12/19/19 18:09 1☼Total HxCDF ND
8.8 1.0 pg/g 12/12/19 08:56 12/19/19 18:09 1☼Total HpCDD 130 B

8.8 0.61 pg/g 12/12/19 08:56 12/19/19 18:09 1☼Total HpCDF 5.6 J B

13C-2,3,7,8-TCDD 66 25 - 164 12/12/19 08:56 12/19/19 18:09 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 65 12/12/19 08:56 12/19/19 18:09 124 - 169

13C-1,2,3,7,8-PeCDD 61 12/12/19 08:56 12/19/19 18:09 125 - 181

13C-1,2,3,7,8-PeCDF 61 12/12/19 08:56 12/19/19 18:09 124 - 185

13C-2,3,4,7,8-PeCDF 66 12/12/19 08:56 12/19/19 18:09 121 - 178

13C-1,2,3,4,7,8-HxCDD 70 12/12/19 08:56 12/19/19 18:09 132 - 141

Eurofins TestAmerica, Sacramento
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Client Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56953-4Client Sample ID: 11187072-120919-BN-SJSSA07(4-6)
Matrix: SedimentDate Collected: 12/09/19 15:40

Percent Solids: 56.0Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

13C-1,2,3,6,7,8-HxCDD 74 28 - 130 12/12/19 08:56 12/19/19 18:09 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,4,7,8-HxCDF 71 12/12/19 08:56 12/19/19 18:09 126 - 152

13C-1,2,3,6,7,8-HxCDF 72 12/12/19 08:56 12/19/19 18:09 126 - 123

13C-1,2,3,7,8,9-HxCDF 63 12/12/19 08:56 12/19/19 18:09 129 - 147

13C-2,3,4,6,7,8-HxCDF 68 12/12/19 08:56 12/19/19 18:09 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 69 12/12/19 08:56 12/19/19 18:09 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 68 12/12/19 08:56 12/19/19 18:09 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 72 12/12/19 08:56 12/19/19 18:09 126 - 138

13C-OCDD 72 12/12/19 08:56 12/19/19 18:09 117 - 157

37Cl4-2,3,7,8-TCDD 100 35 - 197 12/12/19 08:56 12/19/19 18:09 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56953-5Client Sample ID: 11187072-120919-BN-SJSSA04(0-1)
Matrix: SedimentDate Collected: 12/09/19 16:15

Percent Solids: 41.6Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 11 2.4 0.33 pg/g ☼ 12/12/19 08:56 12/19/19 18:56 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

12 0.40 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,7,8-PeCDD ND
12 0.29 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,7,8-PeCDF 1.1 J q

12 0.31 pg/g 12/12/19 08:56 12/19/19 18:56 1☼2,3,4,7,8-PeCDF 0.77 J

12 0.35 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,4,7,8-HxCDD 0.63 J q

12 0.37 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,6,7,8-HxCDD 0.88 J

12 0.32 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,7,8,9-HxCDD 2.4 J

12 0.20 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,4,7,8-HxCDF 1.2 J

12 0.21 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,6,7,8-HxCDF 0.41 J q

12 0.16 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,7,8,9-HxCDF 0.61 J q

12 0.16 pg/g 12/12/19 08:56 12/19/19 18:56 1☼2,3,4,6,7,8-HxCDF ND
12 0.95 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,4,6,7,8-HpCDD 31 B

12 0.27 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,4,6,7,8-HpCDF 1.7 J B

12 0.32 pg/g 12/12/19 08:56 12/19/19 18:56 1☼1,2,3,4,7,8,9-HpCDF ND
24 0.64 pg/g 12/12/19 08:56 12/19/19 18:56 1☼OCDD 720 B

24 0.35 pg/g 12/12/19 08:56 12/19/19 18:56 1☼OCDF 12 J B

2.4 0.33 pg/g 12/12/19 08:56 12/19/19 18:56 1☼Total TCDD 21 q

2.4 0.36 pg/g 12/12/19 08:56 12/19/19 18:56 1☼Total TCDF 72 q

12 0.40 pg/g 12/12/19 08:56 12/19/19 18:56 1☼Total PeCDD 8.9 J q

12 0.30 pg/g 12/12/19 08:56 12/19/19 18:56 1☼Total PeCDF 2.7 J q

12 0.35 pg/g 12/12/19 08:56 12/19/19 18:56 1☼Total HxCDD 41 q

12 0.18 pg/g 12/12/19 08:56 12/19/19 18:56 1☼Total HxCDF 4.1 J q

12 0.95 pg/g 12/12/19 08:56 12/19/19 18:56 1☼Total HpCDD 130 B

12 0.30 pg/g 12/12/19 08:56 12/19/19 18:56 1☼Total HpCDF 4.9 J B

13C-2,3,7,8-TCDD 62 25 - 164 12/12/19 08:56 12/19/19 18:56 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 63 12/12/19 08:56 12/19/19 18:56 124 - 169

13C-1,2,3,7,8-PeCDD 59 12/12/19 08:56 12/19/19 18:56 125 - 181

13C-1,2,3,7,8-PeCDF 60 12/12/19 08:56 12/19/19 18:56 124 - 185

13C-2,3,4,7,8-PeCDF 62 12/12/19 08:56 12/19/19 18:56 121 - 178

13C-1,2,3,4,7,8-HxCDD 63 12/12/19 08:56 12/19/19 18:56 132 - 141
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Client Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56953-5Client Sample ID: 11187072-120919-BN-SJSSA04(0-1)
Matrix: SedimentDate Collected: 12/09/19 16:15

Percent Solids: 41.6Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

13C-1,2,3,6,7,8-HxCDD 65 28 - 130 12/12/19 08:56 12/19/19 18:56 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-1,2,3,4,7,8-HxCDF 65 12/12/19 08:56 12/19/19 18:56 126 - 152

13C-1,2,3,6,7,8-HxCDF 62 12/12/19 08:56 12/19/19 18:56 126 - 123

13C-1,2,3,7,8,9-HxCDF 60 12/12/19 08:56 12/19/19 18:56 129 - 147

13C-2,3,4,6,7,8-HxCDF 61 12/12/19 08:56 12/19/19 18:56 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 63 12/12/19 08:56 12/19/19 18:56 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 61 12/12/19 08:56 12/19/19 18:56 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 69 12/12/19 08:56 12/19/19 18:56 126 - 138

13C-OCDD 67 12/12/19 08:56 12/19/19 18:56 117 - 157

37Cl4-2,3,7,8-TCDD 99 35 - 197 12/12/19 08:56 12/19/19 18:56 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 43 2.4 0.30 pg/g ☼ 12/12/19 08:56 12/19/19 21:57 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 67 24 - 169 12/12/19 08:56 12/19/19 21:57 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 109 35 - 197 12/12/19 08:56 12/19/19 21:57 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56953-6Client Sample ID: 11187072-120919-BN-SJSSA04(1-2)
Matrix: SedimentDate Collected: 12/09/19 16:15

Percent Solids: 50.8Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 13 1.9 0.41 pg/g ☼ 12/12/19 08:56 12/19/19 19:44 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

9.7 0.71 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,7,8-PeCDD ND
9.7 0.46 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,7,8-PeCDF 1.6 J q

9.7 0.48 pg/g 12/12/19 08:56 12/19/19 19:44 1☼2,3,4,7,8-PeCDF 1.0 J

9.7 0.47 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,4,7,8-HxCDD 0.98 J q

9.7 0.46 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,6,7,8-HxCDD 1.5 J q

9.7 0.41 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,7,8,9-HxCDD 2.3 J

9.7 0.39 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,4,7,8-HxCDF 1.8 J q

9.7 0.40 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,6,7,8-HxCDF 1.2 J

9.7 0.31 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,7,8,9-HxCDF ND
9.7 0.31 pg/g 12/12/19 08:56 12/19/19 19:44 1☼2,3,4,6,7,8-HxCDF ND
9.7 1.5 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,4,6,7,8-HpCDD 57 B

9.7 0.44 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,4,6,7,8-HpCDF 4.2 J q B

9.7 0.56 pg/g 12/12/19 08:56 12/19/19 19:44 1☼1,2,3,4,7,8,9-HpCDF ND
19 1.9 pg/g 12/12/19 08:56 12/19/19 19:44 1☼OCDD 2100 B

19 0.59 pg/g 12/12/19 08:56 12/19/19 19:44 1☼OCDF 35 B

1.9 0.41 pg/g 12/12/19 08:56 12/19/19 19:44 1☼Total TCDD 19 q

1.9 0.57 pg/g 12/12/19 08:56 12/19/19 19:44 1☼Total TCDF 89 q

9.7 0.71 pg/g 12/12/19 08:56 12/19/19 19:44 1☼Total PeCDD 5.3 J q

9.7 0.47 pg/g 12/12/19 08:56 12/19/19 19:44 1☼Total PeCDF 5.4 J q

9.7 0.45 pg/g 12/12/19 08:56 12/19/19 19:44 1☼Total HxCDD 40 q

9.7 0.35 pg/g 12/12/19 08:56 12/19/19 19:44 1☼Total HxCDF 6.4 J q
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Client Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56953-6Client Sample ID: 11187072-120919-BN-SJSSA04(1-2)
Matrix: SedimentDate Collected: 12/09/19 16:15

Percent Solids: 50.8Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)
RL EDL

Total HpCDD 220 B 9.7 1.5 pg/g ☼ 12/12/19 08:56 12/19/19 19:44 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

9.7 0.50 pg/g 12/12/19 08:56 12/19/19 19:44 1☼Total HpCDF 12 q B

13C-2,3,7,8-TCDD 65 25 - 164 12/12/19 08:56 12/19/19 19:44 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 64 12/12/19 08:56 12/19/19 19:44 124 - 169

13C-1,2,3,7,8-PeCDD 62 12/12/19 08:56 12/19/19 19:44 125 - 181

13C-1,2,3,7,8-PeCDF 61 12/12/19 08:56 12/19/19 19:44 124 - 185

13C-2,3,4,7,8-PeCDF 66 12/12/19 08:56 12/19/19 19:44 121 - 178

13C-1,2,3,4,7,8-HxCDD 66 12/12/19 08:56 12/19/19 19:44 132 - 141

13C-1,2,3,6,7,8-HxCDD 70 12/12/19 08:56 12/19/19 19:44 128 - 130

13C-1,2,3,4,7,8-HxCDF 68 12/12/19 08:56 12/19/19 19:44 126 - 152

13C-1,2,3,6,7,8-HxCDF 65 12/12/19 08:56 12/19/19 19:44 126 - 123

13C-1,2,3,7,8,9-HxCDF 61 12/12/19 08:56 12/19/19 19:44 129 - 147

13C-2,3,4,6,7,8-HxCDF 65 12/12/19 08:56 12/19/19 19:44 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 65 12/12/19 08:56 12/19/19 19:44 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 60 12/12/19 08:56 12/19/19 19:44 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 68 12/12/19 08:56 12/19/19 19:44 126 - 138

13C-OCDD 64 12/12/19 08:56 12/19/19 19:44 117 - 157

37Cl4-2,3,7,8-TCDD 102 35 - 197 12/12/19 08:56 12/19/19 19:44 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 50 1.9 0.27 pg/g ☼ 12/12/19 08:56 12/19/19 22:36 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 75 24 - 169 12/12/19 08:56 12/19/19 22:36 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 111 35 - 197 12/12/19 08:56 12/19/19 22:36 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56953-7Client Sample ID: 11187072-120919-BN-SJSSA04(2-4)
Matrix: SedimentDate Collected: 12/09/19 16:20

Percent Solids: 46.1Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 7.7 2.1 0.27 pg/g ☼ 12/12/19 08:56 12/19/19 20:31 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

11 0.40 pg/g 12/12/19 08:56 12/19/19 20:31 1☼1,2,3,7,8-PeCDD ND
11 0.26 pg/g 12/12/19 08:56 12/19/19 20:31 1☼1,2,3,7,8-PeCDF 0.70 J q

11 0.27 pg/g 12/12/19 08:56 12/19/19 20:31 1☼2,3,4,7,8-PeCDF 0.60 J

11 0.34 pg/g 12/12/19 08:56 12/19/19 20:31 1☼1,2,3,4,7,8-HxCDD 0.63 J q

11 0.36 pg/g 12/12/19 08:56 12/19/19 20:31 1☼1,2,3,6,7,8-HxCDD 0.99 J

11 0.31 pg/g 12/12/19 08:56 12/19/19 20:31 1☼1,2,3,7,8,9-HxCDD 2.5 J

11 0.22 pg/g 12/12/19 08:56 12/19/19 20:31 1☼1,2,3,4,7,8-HxCDF 0.78 J

11 0.22 pg/g 12/12/19 08:56 12/19/19 20:31 1☼1,2,3,6,7,8-HxCDF 0.33 J q

11 0.16 pg/g 12/12/19 08:56 12/19/19 20:31 1☼1,2,3,7,8,9-HxCDF ND
11 0.16 pg/g 12/12/19 08:56 12/19/19 20:31 1☼2,3,4,6,7,8-HxCDF ND
11 0.84 pg/g 12/12/19 08:56 12/19/19 20:31 1☼1,2,3,4,6,7,8-HpCDD 31 B

11 0.29 pg/g 12/12/19 08:56 12/19/19 20:31 1☼1,2,3,4,6,7,8-HpCDF 1.0 J B

Eurofins TestAmerica, Sacramento
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Client Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56953-7Client Sample ID: 11187072-120919-BN-SJSSA04(2-4)
Matrix: SedimentDate Collected: 12/09/19 16:20

Percent Solids: 46.1Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)
RL EDL

1,2,3,4,7,8,9-HpCDF ND 11 0.36 pg/g ☼ 12/12/19 08:56 12/19/19 20:31 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

21 0.64 pg/g 12/12/19 08:56 12/19/19 20:31 1☼OCDD 750 B

21 0.33 pg/g 12/12/19 08:56 12/19/19 20:31 1☼OCDF 9.2 J B

2.1 0.27 pg/g 12/12/19 08:56 12/19/19 20:31 1☼Total TCDD 16 q

2.1 0.38 pg/g 12/12/19 08:56 12/19/19 20:31 1☼Total TCDF 52 q

11 0.40 pg/g 12/12/19 08:56 12/19/19 20:31 1☼Total PeCDD 7.7 J

11 0.26 pg/g 12/12/19 08:56 12/19/19 20:31 1☼Total PeCDF 2.1 J q

11 0.34 pg/g 12/12/19 08:56 12/19/19 20:31 1☼Total HxCDD 39 q

11 0.19 pg/g 12/12/19 08:56 12/19/19 20:31 1☼Total HxCDF 1.1 J q

11 0.84 pg/g 12/12/19 08:56 12/19/19 20:31 1☼Total HpCDD 120 B

11 0.32 pg/g 12/12/19 08:56 12/19/19 20:31 1☼Total HpCDF 2.5 J B q

13C-2,3,7,8-TCDD 57 25 - 164 12/12/19 08:56 12/19/19 20:31 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 56 12/12/19 08:56 12/19/19 20:31 124 - 169

13C-1,2,3,7,8-PeCDD 51 12/12/19 08:56 12/19/19 20:31 125 - 181

13C-1,2,3,7,8-PeCDF 52 12/12/19 08:56 12/19/19 20:31 124 - 185

13C-2,3,4,7,8-PeCDF 55 12/12/19 08:56 12/19/19 20:31 121 - 178

13C-1,2,3,4,7,8-HxCDD 56 12/12/19 08:56 12/19/19 20:31 132 - 141

13C-1,2,3,6,7,8-HxCDD 60 12/12/19 08:56 12/19/19 20:31 128 - 130

13C-1,2,3,4,7,8-HxCDF 57 12/12/19 08:56 12/19/19 20:31 126 - 152

13C-1,2,3,6,7,8-HxCDF 55 12/12/19 08:56 12/19/19 20:31 126 - 123

13C-1,2,3,7,8,9-HxCDF 55 12/12/19 08:56 12/19/19 20:31 129 - 147

13C-2,3,4,6,7,8-HxCDF 56 12/12/19 08:56 12/19/19 20:31 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 59 12/12/19 08:56 12/19/19 20:31 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 56 12/12/19 08:56 12/19/19 20:31 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 63 12/12/19 08:56 12/19/19 20:31 126 - 138

13C-OCDD 63 12/12/19 08:56 12/19/19 20:31 117 - 157

37Cl4-2,3,7,8-TCDD 92 35 - 197 12/12/19 08:56 12/19/19 20:31 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 29 2.1 0.25 pg/g ☼ 12/12/19 08:56 12/19/19 23:14 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 65 24 - 169 12/12/19 08:56 12/19/19 23:14 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 102 35 - 197 12/12/19 08:56 12/19/19 23:14 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 320-56953-8Client Sample ID: 11187072-120919-BN-SJSSA04(4-6)
Matrix: SedimentDate Collected: 12/09/19 16:20

Percent Solids: 42.6Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
RL EDL

2,3,7,8-TCDD 31 2.3 0.50 pg/g ☼ 12/12/19 08:56 12/19/19 21:19 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

12 0.49 pg/g 12/12/19 08:56 12/19/19 21:19 1☼1,2,3,7,8-PeCDD 0.88 J q

12 0.48 pg/g 12/12/19 08:56 12/19/19 21:19 1☼1,2,3,7,8-PeCDF 3.9 J

12 0.52 pg/g 12/12/19 08:56 12/19/19 21:19 1☼2,3,4,7,8-PeCDF 2.1 J q

Eurofins TestAmerica, Sacramento
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Client Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID: 320-56953-8Client Sample ID: 11187072-120919-BN-SJSSA04(4-6)
Matrix: SedimentDate Collected: 12/09/19 16:20

Percent Solids: 42.6Date Received: 12/11/19 09:30

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)
RL EDL

1,2,3,4,7,8-HxCDD 1.9 J 12 0.40 pg/g ☼ 12/12/19 08:56 12/19/19 21:19 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

12 0.45 pg/g 12/12/19 08:56 12/19/19 21:19 1☼1,2,3,6,7,8-HxCDD 4.4 J

12 0.38 pg/g 12/12/19 08:56 12/19/19 21:19 1☼1,2,3,7,8,9-HxCDD 5.7 J

12 0.45 pg/g 12/12/19 08:56 12/19/19 21:19 1☼1,2,3,4,7,8-HxCDF 5.6 J

12 0.45 pg/g 12/12/19 08:56 12/19/19 21:19 1☼1,2,3,6,7,8-HxCDF 2.6 J

12 0.33 pg/g 12/12/19 08:56 12/19/19 21:19 1☼1,2,3,7,8,9-HxCDF 0.39 J

12 0.34 pg/g 12/12/19 08:56 12/19/19 21:19 1☼2,3,4,6,7,8-HxCDF 0.92 J q

12 3.5 pg/g 12/12/19 08:56 12/19/19 21:19 1☼1,2,3,4,6,7,8-HpCDD 180 B

12 0.90 pg/g 12/12/19 08:56 12/19/19 21:19 1☼1,2,3,4,6,7,8-HpCDF 20 B

12 1.1 pg/g 12/12/19 08:56 12/19/19 21:19 1☼1,2,3,4,7,8,9-HpCDF 2.2 J B

23 3.4 pg/g 12/12/19 08:56 12/19/19 21:19 1☼OCDD 4700 B

23 0.40 pg/g 12/12/19 08:56 12/19/19 21:19 1☼OCDF 190 B

2.3 0.50 pg/g 12/12/19 08:56 12/19/19 21:19 1☼Total TCDD 39 q

2.3 0.79 pg/g 12/12/19 08:56 12/19/19 21:19 1☼Total TCDF 180 q

12 0.49 pg/g 12/12/19 08:56 12/19/19 21:19 1☼Total PeCDD 13 q

12 0.50 pg/g 12/12/19 08:56 12/19/19 21:19 1☼Total PeCDF 16 q

12 0.41 pg/g 12/12/19 08:56 12/19/19 21:19 1☼Total HxCDD 96

12 0.39 pg/g 12/12/19 08:56 12/19/19 21:19 1☼Total HxCDF 29 q

12 3.5 pg/g 12/12/19 08:56 12/19/19 21:19 1☼Total HpCDD 610 B

12 1.0 pg/g 12/12/19 08:56 12/19/19 21:19 1☼Total HpCDF 65 B

13C-2,3,7,8-TCDD 60 25 - 164 12/12/19 08:56 12/19/19 21:19 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

13C-2,3,7,8-TCDF 60 12/12/19 08:56 12/19/19 21:19 124 - 169

13C-1,2,3,7,8-PeCDD 57 12/12/19 08:56 12/19/19 21:19 125 - 181

13C-1,2,3,7,8-PeCDF 57 12/12/19 08:56 12/19/19 21:19 124 - 185

13C-2,3,4,7,8-PeCDF 60 12/12/19 08:56 12/19/19 21:19 121 - 178

13C-1,2,3,4,7,8-HxCDD 62 12/12/19 08:56 12/19/19 21:19 132 - 141

13C-1,2,3,6,7,8-HxCDD 62 12/12/19 08:56 12/19/19 21:19 128 - 130

13C-1,2,3,4,7,8-HxCDF 62 12/12/19 08:56 12/19/19 21:19 126 - 152

13C-1,2,3,6,7,8-HxCDF 59 12/12/19 08:56 12/19/19 21:19 126 - 123

13C-1,2,3,7,8,9-HxCDF 59 12/12/19 08:56 12/19/19 21:19 129 - 147

13C-2,3,4,6,7,8-HxCDF 59 12/12/19 08:56 12/19/19 21:19 128 - 136

13C-1,2,3,4,6,7,8-HpCDD 62 12/12/19 08:56 12/19/19 21:19 123 - 140

13C-1,2,3,4,6,7,8-HpCDF 59 12/12/19 08:56 12/19/19 21:19 128 - 143

13C-1,2,3,4,7,8,9-HpCDF 66 12/12/19 08:56 12/19/19 21:19 126 - 138

13C-OCDD 72 12/12/19 08:56 12/19/19 21:19 117 - 157

37Cl4-2,3,7,8-TCDD 109 35 - 197 12/12/19 08:56 12/19/19 21:19 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 1613B - Dioxins and Furans (HRGC/HRMS) - RA
RL EDL

2,3,7,8-TCDF 110 2.3 0.51 pg/g ☼ 12/12/19 08:56 12/19/19 23:52 1
Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

13C-2,3,7,8-TCDF 65 24 - 169 12/12/19 08:56 12/19/19 23:52 1

Isotope Dilution Dil FacAnalyzedPreparedQualifier Limits%Recovery

37Cl4-2,3,7,8-TCDD 116 35 - 197 12/12/19 08:56 12/19/19 23:52 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Eurofins TestAmerica, Sacramento
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Toxicity Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA07(0-1) Lab Sample ID: 320-56953-1

Analyte

2,3,7,8-TCDD

Result

8.6

Qualifier Unit

pg/g 8.6

TEF

WHO 2005

MethodRL

2.2 1
TEQ

0.34
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.26111 0.51 1613B
1,2,3,7,8-PeCDF 1.1 J q pg/g 0.0330.0311 0.33 1613B
2,3,4,7,8-PeCDF 0.74 J q pg/g 0.220.311 0.33 1613B
1,2,3,4,7,8-HxCDD 1.1 J pg/g 0.110.111 0.32 1613B
1,2,3,6,7,8-HxCDD 1.9 J pg/g 0.190.111 0.34 1613B
1,2,3,7,8,9-HxCDD 2.7 J pg/g 0.270.111 0.29 1613B
1,2,3,4,7,8-HxCDF 1.3 J pg/g 0.130.111 0.33 1613B
1,2,3,6,7,8-HxCDF 1.1 J pg/g 0.110.111 0.32 1613B
1,2,3,7,8,9-HxCDF 0.78 J pg/g 0.0780.111 0.24 1613B
2,3,4,6,7,8-HxCDF 0.60 J pg/g 0.0600.111 0.24 1613B
1,2,3,4,6,7,8-HpCDD 61 B pg/g 0.610.0111 1.5 1613B
1,2,3,4,6,7,8-HpCDF 4.8 J B pg/g 0.0480.0111 0.43 1613B
1,2,3,4,7,8,9-HpCDF 1.3 J q B pg/g 0.0130.0111 0.50 1613B
OCDD 2400 B pg/g 0.720.000322 1.8 1613B
OCDF 44 B pg/g 0.0130.000322 0.42 1613B
2,3,7,8-TCDF - RA 28 pg/g 2.80.12.2 0.30 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 14
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120919-BN-SJSSA07(1-2) Lab Sample ID: 320-56953-2

Analyte

2,3,7,8-TCDD

Result

1.1

Qualifier

J

Unit

pg/g 1.1

TEF

WHO 2005

MethodRL

1.5 1
TEQ

0.18
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.1417.6 0.28 1613B
1,2,3,7,8-PeCDF ND pg/g 0.00240.037.6 0.16 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0240.37.6 0.16 1613B
1,2,3,4,7,8-HxCDD 0.40 J q pg/g 0.0400.17.6 0.19 1613B
1,2,3,6,7,8-HxCDD 0.59 J pg/g 0.0590.17.6 0.20 1613B
1,2,3,7,8,9-HxCDD 1.3 J pg/g 0.130.17.6 0.17 1613B
1,2,3,4,7,8-HxCDF ND pg/g 0.00600.17.6 0.12 1613B
1,2,3,6,7,8-HxCDF 0.15 J q pg/g 0.0150.17.6 0.12 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00490.17.6 0.097 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00470.17.6 0.093 1613B
1,2,3,4,6,7,8-HpCDD 16 B pg/g 0.160.017.6 0.54 1613B
1,2,3,4,6,7,8-HpCDF 0.64 J B pg/g 0.00640.017.6 0.19 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.00110.017.6 0.21 1613B
OCDD 430 B pg/g 0.130.000315 0.48 1613B
OCDF 5.4 J B pg/g 0.00160.000315 0.27 1613B
2,3,7,8-TCDF - RA 2.7 pg/g 0.270.11.5 0.14 1613B

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA07(1-2) 
(Continued)

Lab Sample ID: 320-56953-2

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 2.1
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120919-BN-SJSSA07(2-4) Lab Sample ID: 320-56953-3

Analyte

2,3,7,8-TCDD
Result

ND
Qualifier Unit

pg/g 0.050
TEF

WHO 2005

MethodRL

1.2 1
TEQ

0.10
EDL

ND = ½ EDL

1613B
2,3,7,8-TCDF ND pg/g 0.00370.11.2 0.073 1613B
1,2,3,7,8-PeCDD ND pg/g 0.07516.0 0.15 1613B
1,2,3,7,8-PeCDF ND pg/g 0.00170.036.0 0.11 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0180.36.0 0.12 1613B
1,2,3,4,7,8-HxCDD 0.19 J q pg/g 0.0190.16.0 0.11 1613B
1,2,3,6,7,8-HxCDD ND pg/g 0.00550.16.0 0.11 1613B
1,2,3,7,8,9-HxCDD ND pg/g 0.00480.16.0 0.096 1613B
1,2,3,4,7,8-HxCDF ND pg/g 0.00460.16.0 0.092 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.00440.16.0 0.088 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00360.16.0 0.071 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00350.16.0 0.070 1613B
1,2,3,4,6,7,8-HpCDD 1.4 J B pg/g 0.0140.016.0 0.11 1613B
1,2,3,4,6,7,8-HpCDF ND pg/g 0.000750.016.0 0.15 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.000850.016.0 0.17 1613B
OCDD 36 B pg/g 0.0110.000312 0.18 1613B
OCDF ND pg/g 0.0000260.000312 0.17 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 0.22
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120919-BN-SJSSA07(4-6) Lab Sample ID: 320-56953-4

Analyte

2,3,7,8-TCDD
Result

ND
Qualifier Unit

pg/g 0.17
TEF

WHO 2005

MethodRL

1.8 1
TEQ

0.34
EDL

ND = ½ EDL

1613B
2,3,7,8-TCDF ND pg/g 0.0130.11.8 0.25 1613B
1,2,3,7,8-PeCDD ND pg/g 0.3318.8 0.66 1613B
1,2,3,7,8-PeCDF ND pg/g 0.00590.038.8 0.39 1613B
2,3,4,7,8-PeCDF ND pg/g 0.0620.38.8 0.41 1613B
1,2,3,4,7,8-HxCDD ND pg/g 0.0260.18.8 0.51 1613B
1,2,3,6,7,8-HxCDD ND pg/g 0.0270.18.8 0.54 1613B
1,2,3,7,8,9-HxCDD 2.6 J pg/g 0.260.18.8 0.46 1613B
1,2,3,4,7,8-HxCDF ND pg/g 0.0170.18.8 0.33 1613B
1,2,3,6,7,8-HxCDF ND pg/g 0.0160.18.8 0.31 1613B

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA07(4-6) 
(Continued)

Lab Sample ID: 320-56953-4

Analyte

1,2,3,7,8,9-HxCDF
Result

ND
Qualifier Unit

pg/g 0.013
TEF

WHO 2005

MethodRL

8.8 0.1
TEQ

0.26
EDL

ND = ½ EDL

1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.0120.18.8 0.24 1613B
1,2,3,4,6,7,8-HpCDD 39 B pg/g 0.390.018.8 1.0 1613B
1,2,3,4,6,7,8-HpCDF ND pg/g 0.00260.018.8 0.52 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.00350.018.8 0.70 1613B
OCDD 890 B pg/g 0.270.000318 1.2 1613B
OCDF 27 B pg/g 0.00810.000318 0.62 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 1.6
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120919-BN-SJSSA04(0-1) Lab Sample ID: 320-56953-5

Analyte

2,3,7,8-TCDD

Result

11

Qualifier Unit

pg/g 11

TEF

WHO 2005

MethodRL

2.4 1
TEQ

0.33
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.20112 0.40 1613B
1,2,3,7,8-PeCDF 1.1 J q pg/g 0.0330.0312 0.29 1613B
2,3,4,7,8-PeCDF 0.77 J pg/g 0.230.312 0.31 1613B
1,2,3,4,7,8-HxCDD 0.63 J q pg/g 0.0630.112 0.35 1613B
1,2,3,6,7,8-HxCDD 0.88 J pg/g 0.0880.112 0.37 1613B
1,2,3,7,8,9-HxCDD 2.4 J pg/g 0.240.112 0.32 1613B
1,2,3,4,7,8-HxCDF 1.2 J pg/g 0.120.112 0.20 1613B
1,2,3,6,7,8-HxCDF 0.41 J q pg/g 0.0410.112 0.21 1613B
1,2,3,7,8,9-HxCDF 0.61 J q pg/g 0.0610.112 0.16 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00800.112 0.16 1613B
1,2,3,4,6,7,8-HpCDD 31 B pg/g 0.310.0112 0.95 1613B
1,2,3,4,6,7,8-HpCDF 1.7 J B pg/g 0.0170.0112 0.27 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.00160.0112 0.32 1613B
OCDD 720 B pg/g 0.220.000324 0.64 1613B
OCDF 12 J B pg/g 0.00360.000324 0.35 1613B
2,3,7,8-TCDF - RA 43 pg/g 4.30.12.4 0.30 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 17
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA04(1-2) Lab Sample ID: 320-56953-6

Analyte

2,3,7,8-TCDD

Result

13

Qualifier Unit

pg/g 13

TEF

WHO 2005

MethodRL

1.9 1
TEQ

0.41
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.3619.7 0.71 1613B
1,2,3,7,8-PeCDF 1.6 J q pg/g 0.0480.039.7 0.46 1613B
2,3,4,7,8-PeCDF 1.0 J pg/g 0.300.39.7 0.48 1613B
1,2,3,4,7,8-HxCDD 0.98 J q pg/g 0.0980.19.7 0.47 1613B
1,2,3,6,7,8-HxCDD 1.5 J q pg/g 0.150.19.7 0.46 1613B
1,2,3,7,8,9-HxCDD 2.3 J pg/g 0.230.19.7 0.41 1613B
1,2,3,4,7,8-HxCDF 1.8 J q pg/g 0.180.19.7 0.39 1613B
1,2,3,6,7,8-HxCDF 1.2 J pg/g 0.120.19.7 0.40 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.0160.19.7 0.31 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.0160.19.7 0.31 1613B
1,2,3,4,6,7,8-HpCDD 57 B pg/g 0.570.019.7 1.5 1613B
1,2,3,4,6,7,8-HpCDF 4.2 J q B pg/g 0.0420.019.7 0.44 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.00280.019.7 0.56 1613B
OCDD 2100 B pg/g 0.630.000319 1.9 1613B
OCDF 35 B pg/g 0.0110.000319 0.59 1613B
2,3,7,8-TCDF - RA 50 pg/g 5.00.11.9 0.27 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 21
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120919-BN-SJSSA04(2-4) Lab Sample ID: 320-56953-7

Analyte

2,3,7,8-TCDD

Result

7.7

Qualifier Unit

pg/g 7.7

TEF

WHO 2005

MethodRL

2.1 1
TEQ

0.27
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD ND pg/g 0.20111 0.40 1613B
1,2,3,7,8-PeCDF 0.70 J q pg/g 0.0210.0311 0.26 1613B
2,3,4,7,8-PeCDF 0.60 J pg/g 0.180.311 0.27 1613B
1,2,3,4,7,8-HxCDD 0.63 J q pg/g 0.0630.111 0.34 1613B
1,2,3,6,7,8-HxCDD 0.99 J pg/g 0.0990.111 0.36 1613B
1,2,3,7,8,9-HxCDD 2.5 J pg/g 0.250.111 0.31 1613B
1,2,3,4,7,8-HxCDF 0.78 J pg/g 0.0780.111 0.22 1613B
1,2,3,6,7,8-HxCDF 0.33 J q pg/g 0.0330.111 0.22 1613B
1,2,3,7,8,9-HxCDF ND pg/g 0.00800.111 0.16 1613B
2,3,4,6,7,8-HxCDF ND pg/g 0.00800.111 0.16 1613B
1,2,3,4,6,7,8-HpCDD 31 B pg/g 0.310.0111 0.84 1613B
1,2,3,4,6,7,8-HpCDF 1.0 J B pg/g 0.0100.0111 0.29 1613B
1,2,3,4,7,8,9-HpCDF ND pg/g 0.00180.0111 0.36 1613B
OCDD 750 B pg/g 0.230.000321 0.64 1613B
OCDF 9.2 J B pg/g 0.00280.000321 0.33 1613B
2,3,7,8-TCDF - RA 29 pg/g 2.90.12.1 0.25 1613B

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Toxicity Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA04(2-4) 
(Continued)

Lab Sample ID: 320-56953-7

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 12
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Client Sample ID: 11187072-120919-BN-SJSSA04(4-6) Lab Sample ID: 320-56953-8

Analyte

2,3,7,8-TCDD

Result

31

Qualifier Unit

pg/g 31

TEF

WHO 2005

MethodRL

2.3 1
TEQ

0.50
EDL

ND = ½ EDL

1613B
1,2,3,7,8-PeCDD 0.88 J q pg/g 0.88112 0.49 1613B
1,2,3,7,8-PeCDF 3.9 J pg/g 0.120.0312 0.48 1613B
2,3,4,7,8-PeCDF 2.1 J q pg/g 0.630.312 0.52 1613B
1,2,3,4,7,8-HxCDD 1.9 J pg/g 0.190.112 0.40 1613B
1,2,3,6,7,8-HxCDD 4.4 J pg/g 0.440.112 0.45 1613B
1,2,3,7,8,9-HxCDD 5.7 J pg/g 0.570.112 0.38 1613B
1,2,3,4,7,8-HxCDF 5.6 J pg/g 0.560.112 0.45 1613B
1,2,3,6,7,8-HxCDF 2.6 J pg/g 0.260.112 0.45 1613B
1,2,3,7,8,9-HxCDF 0.39 J pg/g 0.0390.112 0.33 1613B
2,3,4,6,7,8-HxCDF 0.92 J q pg/g 0.0920.112 0.34 1613B
1,2,3,4,6,7,8-HpCDD 180 B pg/g 1.80.0112 3.5 1613B
1,2,3,4,6,7,8-HpCDF 20 B pg/g 0.200.0112 0.90 1613B
1,2,3,4,7,8,9-HpCDF 2.2 J B pg/g 0.0220.0112 1.1 1613B
OCDD 4700 B pg/g 1.40.000323 3.4 1613B
OCDF 190 B pg/g 0.0570.000323 0.40 1613B
2,3,7,8-TCDF - RA 110 pg/g 110.12.3 0.51 1613B

Analyte

Total Dioxin/Furan TEQ
Result Qualifier Unit

pg/g 49
TEF

WHO 2005

MethodNONE TEQNONE

ND = ½ EDL

TEQ

Eurofins TestAmerica, Sacramento

TEF Reference:

WHO 2005 = World Health Organization (WHO) 2005 TEF, Dioxins, Furans and PCB Congeners

Note: The analytes PCB-156 and PCB-157 coelute as a single peak.
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Default Detection Limits
Client: GHD Services Inc. Job ID: 320-56953-1
Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep: HRMS-Sox

5.01,2,3,4,6,7,8-HpCDD pg/g
Analyte UnitsRL

5.01,2,3,4,6,7,8-HpCDF pg/g
5.01,2,3,4,7,8,9-HpCDF pg/g
5.01,2,3,4,7,8-HxCDD pg/g
5.01,2,3,4,7,8-HxCDF pg/g
5.01,2,3,6,7,8-HxCDD pg/g
5.01,2,3,6,7,8-HxCDF pg/g
5.01,2,3,7,8,9-HxCDD pg/g
5.01,2,3,7,8,9-HxCDF pg/g
5.01,2,3,7,8-PeCDD pg/g
5.01,2,3,7,8-PeCDF pg/g
5.02,3,4,6,7,8-HxCDF pg/g
5.02,3,4,7,8-PeCDF pg/g
1.02,3,7,8-TCDD pg/g
1.02,3,7,8-TCDF pg/g
10OCDD pg/g
10OCDF pg/g
5.0Total HpCDD pg/g
5.0Total HpCDF pg/g
5.0Total HxCDD pg/g
5.0Total HxCDF pg/g
5.0Total PeCDD pg/g
5.0Total PeCDF pg/g
1.0Total TCDD pg/g
1.0Total TCDF pg/g

Eurofins TestAmerica, Sacramento
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Surrogate Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (35-197)

37TCDD

100320-56953-1

Percent Surrogate Recovery (Acceptance Limits)

11187072-120919-BN-SJSSA07(0-1)
103320-56953-1 - RA 11187072-120919-BN-SJSSA0

7(0-1)
104320-56953-2 11187072-120919-BN-SJSSA0

7(1-2)
110320-56953-2 - RA 11187072-120919-BN-SJSSA0

7(1-2)
100320-56953-3 11187072-120919-BN-SJSSA0

7(2-4)
100320-56953-4 11187072-120919-BN-SJSSA0

7(4-6)
99320-56953-5 11187072-120919-BN-SJSSA0

4(0-1)
109320-56953-5 - RA 11187072-120919-BN-SJSSA0

4(0-1)
102320-56953-6 11187072-120919-BN-SJSSA0

4(1-2)
111320-56953-6 - RA 11187072-120919-BN-SJSSA0

4(1-2)
92320-56953-7 11187072-120919-BN-SJSSA0

4(2-4)
102320-56953-7 - RA 11187072-120919-BN-SJSSA0

4(2-4)
109320-56953-8 11187072-120919-BN-SJSSA0

4(4-6)
116320-56953-8 - RA 11187072-120919-BN-SJSSA0

4(4-6)
100MB 320-344942/1-A Method Blank

Surrogate Legend

37TCDD = 37Cl4-2,3,7,8-TCDD

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (31-191)

37TCDD

106LCS 320-344942/2-A

Percent Surrogate Recovery (Acceptance Limits)

Lab Control Sample
88LCSD 320-344942/3-A Lab Control Sample Dup

Surrogate Legend

37TCDD = 37Cl4-2,3,7,8-TCDD

Eurofins TestAmerica, Sacramento
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Isotope Dilution Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (25-164) (24-169) (25-181) (24-185) (21-178) (32-141) (28-130) (26-152)

TCDD TCDF PeCDD PeCDF PeCF HxCDD HxDD HxCDF

61 59 60 58 63 63 64 61320-56953-1

Percent Isotope Dilution Recovery (Acceptance Limits)

11187072-120919-BN-SJSSA07(0-1)
68320-56953-1 - RA 11187072-120919-BN-SJSSA0

7(0-1)
61 63 59 6258 65 62 63320-56953-2 11187072-120919-BN-SJSSA0

7(1-2)
69320-56953-2 - RA 11187072-120919-BN-SJSSA0

7(1-2)
64 63 59 6460 69 70 67320-56953-3 11187072-120919-BN-SJSSA0

7(2-4)
66 65 61 6661 70 74 71320-56953-4 11187072-120919-BN-SJSSA0

7(4-6)
62 63 59 6260 63 65 65320-56953-5 11187072-120919-BN-SJSSA0

4(0-1)
67320-56953-5 - RA 11187072-120919-BN-SJSSA0

4(0-1)
65 64 62 6661 66 70 68320-56953-6 11187072-120919-BN-SJSSA0

4(1-2)
75320-56953-6 - RA 11187072-120919-BN-SJSSA0

4(1-2)
57 56 51 5552 56 60 57320-56953-7 11187072-120919-BN-SJSSA0

4(2-4)
65320-56953-7 - RA 11187072-120919-BN-SJSSA0

4(2-4)
60 60 57 6057 62 62 62320-56953-8 11187072-120919-BN-SJSSA0

4(4-6)
65320-56953-8 - RA 11187072-120919-BN-SJSSA0

4(4-6)
60 60 61 6257 65 65 64MB 320-344942/1-A Method Blank

Lab Sample ID Client Sample ID (26-123) (29-147) (28-136) (23-140) (28-143) (26-138) (17-157)

HxDF HxCF 13CHxCF HpCDD HpCDF HpCDF2 OCDD

59 60 60 62 56 66 68320-56953-1

Percent Isotope Dilution Recovery (Acceptance Limits)

11187072-120919-BN-SJSSA07(0-1)
320-56953-1 - RA 11187072-120919-BN-SJSSA0

7(0-1)
60 60 61 5561 67 60320-56953-2 11187072-120919-BN-SJSSA0

7(1-2)
320-56953-2 - RA 11187072-120919-BN-SJSSA0

7(1-2)
66 62 65 6467 71 72320-56953-3 11187072-120919-BN-SJSSA0

7(2-4)
72 63 68 6869 72 72320-56953-4 11187072-120919-BN-SJSSA0

7(4-6)
62 60 61 6163 69 67320-56953-5 11187072-120919-BN-SJSSA0

4(0-1)
320-56953-5 - RA 11187072-120919-BN-SJSSA0

4(0-1)
65 61 65 6065 68 64320-56953-6 11187072-120919-BN-SJSSA0

4(1-2)
320-56953-6 - RA 11187072-120919-BN-SJSSA0

4(1-2)
55 55 56 5659 63 63320-56953-7 11187072-120919-BN-SJSSA0

4(2-4)
320-56953-7 - RA 11187072-120919-BN-SJSSA0

4(2-4)

Eurofins TestAmerica, Sacramento
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Isotope Dilution Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund
Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (26-123) (29-147) (28-136) (23-140) (28-143) (26-138) (17-157)

HxDF HxCF 13CHxCF HpCDD HpCDF HpCDF2 OCDD

59 59 59 62 59 66 72320-56953-8

Percent Isotope Dilution Recovery (Acceptance Limits)

11187072-120919-BN-SJSSA04(4-6)
320-56953-8 - RA 11187072-120919-BN-SJSSA0

4(4-6)
63 57 60 6161 65 64MB 320-344942/1-A Method Blank

Surrogate Legend

TCDD = 13C-2,3,7,8-TCDD
TCDF = 13C-2,3,7,8-TCDF
PeCDD = 13C-1,2,3,7,8-PeCDD
PeCDF = 13C-1,2,3,7,8-PeCDF
PeCF = 13C-2,3,4,7,8-PeCDF
HxCDD = 13C-1,2,3,4,7,8-HxCDD
HxDD = 13C-1,2,3,6,7,8-HxCDD
HxCDF = 13C-1,2,3,4,7,8-HxCDF
HxDF = 13C-1,2,3,6,7,8-HxCDF
HxCF = 13C-1,2,3,7,8,9-HxCDF
13CHxCF = 13C-2,3,4,6,7,8-HxCDF
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF
OCDD = 13C-OCDD

Method: 1613B - Dioxins and Furans (HRGC/HRMS)
Prep Type: Total/NAMatrix: Sediment

Lab Sample ID Client Sample ID (20-175) (22-152) (21-227) (21-192) (13-328) (21-193) (25-163) (19-202)

TCDD TCDF PeCDD PeCDF PeCF HxCDD HxDD HxCDF

67 68 66 66 71 74 73 72LCS 320-344942/2-A

Percent Isotope Dilution Recovery (Acceptance Limits)

Lab Control Sample
55 53 53 5553 57 59 57LCSD 320-344942/3-A Lab Control Sample Dup

Lab Sample ID Client Sample ID (21-159) (17-205) (22-176) (26-166) (21-158) (20-186) (13-199)

HxDF HxCF 13CHxCF HpCDD HpCDF HpCDF2 OCDD

72 65 69 71 71 73 70LCS 320-344942/2-A

Percent Isotope Dilution Recovery (Acceptance Limits)

Lab Control Sample
55 54 56 5658 61 63LCSD 320-344942/3-A Lab Control Sample Dup

Surrogate Legend

TCDD = 13C-2,3,7,8-TCDD
TCDF = 13C-2,3,7,8-TCDF
PeCDD = 13C-1,2,3,7,8-PeCDD
PeCDF = 13C-1,2,3,7,8-PeCDF
PeCF = 13C-2,3,4,7,8-PeCDF
HxCDD = 13C-1,2,3,4,7,8-HxCDD
HxDD = 13C-1,2,3,6,7,8-HxCDD
HxCDF = 13C-1,2,3,4,7,8-HxCDF
HxDF = 13C-1,2,3,6,7,8-HxCDF
HxCF = 13C-1,2,3,7,8,9-HxCDF
13CHxCF = 13C-2,3,4,6,7,8-HxCDF
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF

Eurofins TestAmerica, Sacramento
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Isotope Dilution Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund
OCDD = 13C-OCDD

Eurofins TestAmerica, Sacramento
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QC Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS)

Client Sample ID: Method BlankLab Sample ID: MB 320-344942/1-A
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 346752 Prep Batch: 344942

RL EDL

2,3,7,8-TCDD ND 1.0 0.098 pg/g 12/12/19 08:56 12/19/19 13:23 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.0781.0 pg/g 12/12/19 08:56 12/19/19 13:23 12,3,7,8-TCDF
ND 0.165.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,7,8-PeCDD
ND 0.145.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,7,8-PeCDF
ND 0.145.0 pg/g 12/12/19 08:56 12/19/19 13:23 12,3,4,7,8-PeCDF
ND 0.115.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,4,7,8-HxCDD
ND 0.115.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,6,7,8-HxCDD
ND 0.0965.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,7,8,9-HxCDD
ND 0.0895.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,4,7,8-HxCDF
ND 0.0885.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,6,7,8-HxCDF
ND 0.0715.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,7,8,9-HxCDF
ND 0.0705.0 pg/g 12/12/19 08:56 12/19/19 13:23 12,3,4,6,7,8-HxCDF

0.458 J 0.0765.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,4,6,7,8-HpCDD
0.287 J 0.115.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,4,6,7,8-HpCDF
0.344 J 0.145.0 pg/g 12/12/19 08:56 12/19/19 13:23 11,2,3,4,7,8,9-HpCDF

2.41 J 0.1110 pg/g 12/12/19 08:56 12/19/19 13:23 1OCDD
1.80 J 0.1510 pg/g 12/12/19 08:56 12/19/19 13:23 1OCDF
ND 0.0981.0 pg/g 12/12/19 08:56 12/19/19 13:23 1Total TCDD
ND 0.0781.0 pg/g 12/12/19 08:56 12/19/19 13:23 1Total TCDF
ND 0.165.0 pg/g 12/12/19 08:56 12/19/19 13:23 1Total PeCDD
ND 0.145.0 pg/g 12/12/19 08:56 12/19/19 13:23 1Total PeCDF
ND 0.115.0 pg/g 12/12/19 08:56 12/19/19 13:23 1Total HxCDD
ND 0.0895.0 pg/g 12/12/19 08:56 12/19/19 13:23 1Total HxCDF

0.593 J q 0.0765.0 pg/g 12/12/19 08:56 12/19/19 13:23 1Total HpCDD
0.631 J 0.125.0 pg/g 12/12/19 08:56 12/19/19 13:23 1Total HpCDF

13C-2,3,7,8-TCDD 60 25 - 164 12/19/19 13:23 1

MB MB

Isotope Dilution

12/12/19 08:56

Dil FacPrepared AnalyzedQualifier Limits%Recovery

60 12/12/19 08:56 12/19/19 13:23 113C-2,3,7,8-TCDF 24 - 169

61 12/12/19 08:56 12/19/19 13:23 113C-1,2,3,7,8-PeCDD 25 - 181

57 12/12/19 08:56 12/19/19 13:23 113C-1,2,3,7,8-PeCDF 24 - 185

62 12/12/19 08:56 12/19/19 13:23 113C-2,3,4,7,8-PeCDF 21 - 178

65 12/12/19 08:56 12/19/19 13:23 113C-1,2,3,4,7,8-HxCDD 32 - 141

65 12/12/19 08:56 12/19/19 13:23 113C-1,2,3,6,7,8-HxCDD 28 - 130

64 12/12/19 08:56 12/19/19 13:23 113C-1,2,3,4,7,8-HxCDF 26 - 152

63 12/12/19 08:56 12/19/19 13:23 113C-1,2,3,6,7,8-HxCDF 26 - 123

57 12/12/19 08:56 12/19/19 13:23 113C-1,2,3,7,8,9-HxCDF 29 - 147

60 12/12/19 08:56 12/19/19 13:23 113C-2,3,4,6,7,8-HxCDF 28 - 136

61 12/12/19 08:56 12/19/19 13:23 113C-1,2,3,4,6,7,8-HpCDD 23 - 140

61 12/12/19 08:56 12/19/19 13:23 113C-1,2,3,4,6,7,8-HpCDF 28 - 143

65 12/12/19 08:56 12/19/19 13:23 113C-1,2,3,4,7,8,9-HpCDF 26 - 138

64 12/12/19 08:56 12/19/19 13:23 113C-OCDD 17 - 157

37Cl4-2,3,7,8-TCDD 100 35 - 197 12/19/19 13:23 1

MB MB

Surrogate

12/12/19 08:56

Dil FacPrepared AnalyzedQualifier Limits%Recovery
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QC Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 320-344942/2-A
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 346752 Prep Batch: 344942

2,3,7,8-TCDD 20.0 20.7 pg/g 104 67 - 158
Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

2,3,7,8-TCDF 20.0 22.0 pg/g 110 75 - 158
1,2,3,7,8-PeCDD 100 99.6 pg/g 100 70 - 142
1,2,3,7,8-PeCDF 100 104 pg/g 104 80 - 134
2,3,4,7,8-PeCDF 100 98.8 pg/g 99 68 - 160
1,2,3,4,7,8-HxCDD 100 95.3 pg/g 95 70 - 164
1,2,3,6,7,8-HxCDD 100 105 pg/g 105 76 - 134
1,2,3,7,8,9-HxCDD 100 98.0 pg/g 98 64 - 162
1,2,3,4,7,8-HxCDF 100 101 pg/g 101 72 - 134
1,2,3,6,7,8-HxCDF 100 107 pg/g 107 84 - 130
1,2,3,7,8,9-HxCDF 100 110 pg/g 110 78 - 130
2,3,4,6,7,8-HxCDF 100 108 pg/g 108 70 - 156
1,2,3,4,6,7,8-HpCDD 100 101 pg/g 101 70 - 140
1,2,3,4,6,7,8-HpCDF 100 105 pg/g 105 82 - 122
1,2,3,4,7,8,9-HpCDF 100 103 pg/g 103 78 - 138
OCDD 200 186 pg/g 93 78 - 144
OCDF 200 208 pg/g 104 63 - 170

13C-2,3,7,8-TCDD 20 - 175

Isotope Dilution

67

LCS LCS

Qualifier Limits%Recovery

6813C-2,3,7,8-TCDF 22 - 152

6613C-1,2,3,7,8-PeCDD 21 - 227

6613C-1,2,3,7,8-PeCDF 21 - 192

7113C-2,3,4,7,8-PeCDF 13 - 328

7413C-1,2,3,4,7,8-HxCDD 21 - 193

7313C-1,2,3,6,7,8-HxCDD 25 - 163

7213C-1,2,3,4,7,8-HxCDF 19 - 202

7213C-1,2,3,6,7,8-HxCDF 21 - 159

6513C-1,2,3,7,8,9-HxCDF 17 - 205

6913C-2,3,4,6,7,8-HxCDF 22 - 176

7113C-1,2,3,4,6,7,8-HpCDD 26 - 166

7113C-1,2,3,4,6,7,8-HpCDF 21 - 158

7313C-1,2,3,4,7,8,9-HpCDF 20 - 186

7013C-OCDD 13 - 199

37Cl4-2,3,7,8-TCDD 31 - 191

Surrogate

106

LCS LCS

Qualifier Limits%Recovery

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 320-344942/3-A
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 346752 Prep Batch: 344942

2,3,7,8-TCDD 20.0 19.5 pg/g 97 67 - 158 6 50
Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

2,3,7,8-TCDF 20.0 21.1 pg/g 106 75 - 158 4 50
1,2,3,7,8-PeCDD 100 100 pg/g 100 70 - 142 0 50
1,2,3,7,8-PeCDF 100 102 pg/g 102 80 - 134 2 50
2,3,4,7,8-PeCDF 100 97.9 pg/g 98 68 - 160 1 50
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QC Sample Results
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method: 1613B - Dioxins and Furans (HRGC/HRMS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 320-344942/3-A
Matrix: Sediment Prep Type: Total/NA
Analysis Batch: 346752 Prep Batch: 344942

1,2,3,4,7,8-HxCDD 100 96.9 pg/g 97 70 - 164 2 50
Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

1,2,3,6,7,8-HxCDD 100 101 pg/g 101 76 - 134 4 50
1,2,3,7,8,9-HxCDD 100 96.3 pg/g 96 64 - 162 2 50
1,2,3,4,7,8-HxCDF 100 98.3 pg/g 98 72 - 134 3 50
1,2,3,6,7,8-HxCDF 100 105 pg/g 105 84 - 130 2 50
1,2,3,7,8,9-HxCDF 100 106 pg/g 106 78 - 130 4 50
2,3,4,6,7,8-HxCDF 100 106 pg/g 106 70 - 156 2 50
1,2,3,4,6,7,8-HpCDD 100 99.1 pg/g 99 70 - 140 1 50
1,2,3,4,6,7,8-HpCDF 100 107 pg/g 107 82 - 122 2 50
1,2,3,4,7,8,9-HpCDF 100 99.8 pg/g 100 78 - 138 3 50
OCDD 200 199 pg/g 99 78 - 144 7 50
OCDF 200 199 pg/g 99 63 - 170 4 50

13C-2,3,7,8-TCDD 20 - 175

Isotope Dilution

55

LCSD LCSD

Qualifier Limits%Recovery

5313C-2,3,7,8-TCDF 22 - 152

5313C-1,2,3,7,8-PeCDD 21 - 227

5313C-1,2,3,7,8-PeCDF 21 - 192

5513C-2,3,4,7,8-PeCDF 13 - 328

5713C-1,2,3,4,7,8-HxCDD 21 - 193

5913C-1,2,3,6,7,8-HxCDD 25 - 163

5713C-1,2,3,4,7,8-HxCDF 19 - 202

5513C-1,2,3,6,7,8-HxCDF 21 - 159

5413C-1,2,3,7,8,9-HxCDF 17 - 205

5613C-2,3,4,6,7,8-HxCDF 22 - 176

5813C-1,2,3,4,6,7,8-HpCDD 26 - 166

5613C-1,2,3,4,6,7,8-HpCDF 21 - 158

6113C-1,2,3,4,7,8,9-HpCDF 20 - 186

6313C-OCDD 13 - 199

37Cl4-2,3,7,8-TCDD 31 - 191

Surrogate

88

LCSD LCSD

Qualifier Limits%Recovery
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QC Association Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Specialty Organics

Prep Batch: 344942

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment HRMS-Sox320-56953-1 - RA 11187072-120919-BN-SJSSA07(0-1) Total/NA
Sediment HRMS-Sox320-56953-1 11187072-120919-BN-SJSSA07(0-1) Total/NA
Sediment HRMS-Sox320-56953-2 - RA 11187072-120919-BN-SJSSA07(1-2) Total/NA
Sediment HRMS-Sox320-56953-2 11187072-120919-BN-SJSSA07(1-2) Total/NA
Sediment HRMS-Sox320-56953-3 11187072-120919-BN-SJSSA07(2-4) Total/NA
Sediment HRMS-Sox320-56953-4 11187072-120919-BN-SJSSA07(4-6) Total/NA
Sediment HRMS-Sox320-56953-5 - RA 11187072-120919-BN-SJSSA04(0-1) Total/NA
Sediment HRMS-Sox320-56953-5 11187072-120919-BN-SJSSA04(0-1) Total/NA
Sediment HRMS-Sox320-56953-6 - RA 11187072-120919-BN-SJSSA04(1-2) Total/NA
Sediment HRMS-Sox320-56953-6 11187072-120919-BN-SJSSA04(1-2) Total/NA
Sediment HRMS-Sox320-56953-7 - RA 11187072-120919-BN-SJSSA04(2-4) Total/NA
Sediment HRMS-Sox320-56953-7 11187072-120919-BN-SJSSA04(2-4) Total/NA
Sediment HRMS-Sox320-56953-8 - RA 11187072-120919-BN-SJSSA04(4-6) Total/NA
Sediment HRMS-Sox320-56953-8 11187072-120919-BN-SJSSA04(4-6) Total/NA
Sediment HRMS-SoxMB 320-344942/1-A Method Blank Total/NA
Sediment HRMS-SoxLCS 320-344942/2-A Lab Control Sample Total/NA
Sediment HRMS-SoxLCSD 320-344942/3-A Lab Control Sample Dup Total/NA

Analysis Batch: 346752

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 344942320-56953-1 11187072-120919-BN-SJSSA07(0-1) Total/NA
Sediment 1613B 344942320-56953-2 11187072-120919-BN-SJSSA07(1-2) Total/NA
Sediment 1613B 344942320-56953-3 11187072-120919-BN-SJSSA07(2-4) Total/NA
Sediment 1613B 344942320-56953-4 11187072-120919-BN-SJSSA07(4-6) Total/NA
Sediment 1613B 344942320-56953-5 11187072-120919-BN-SJSSA04(0-1) Total/NA
Sediment 1613B 344942320-56953-6 11187072-120919-BN-SJSSA04(1-2) Total/NA
Sediment 1613B 344942320-56953-7 11187072-120919-BN-SJSSA04(2-4) Total/NA
Sediment 1613B 344942320-56953-8 11187072-120919-BN-SJSSA04(4-6) Total/NA
Sediment 1613B 344942MB 320-344942/1-A Method Blank Total/NA
Sediment 1613B 344942LCS 320-344942/2-A Lab Control Sample Total/NA
Sediment 1613B 344942LCSD 320-344942/3-A Lab Control Sample Dup Total/NA

Analysis Batch: 346764

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment 1613B 344942320-56953-1 - RA 11187072-120919-BN-SJSSA07(0-1) Total/NA
Sediment 1613B 344942320-56953-2 - RA 11187072-120919-BN-SJSSA07(1-2) Total/NA
Sediment 1613B 344942320-56953-5 - RA 11187072-120919-BN-SJSSA04(0-1) Total/NA
Sediment 1613B 344942320-56953-6 - RA 11187072-120919-BN-SJSSA04(1-2) Total/NA
Sediment 1613B 344942320-56953-7 - RA 11187072-120919-BN-SJSSA04(2-4) Total/NA
Sediment 1613B 344942320-56953-8 - RA 11187072-120919-BN-SJSSA04(4-6) Total/NA

General Chemistry

Analysis Batch: 344997

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment D 2216320-56953-1 11187072-120919-BN-SJSSA07(0-1) Total/NA
Sediment D 2216320-56953-2 11187072-120919-BN-SJSSA07(1-2) Total/NA
Sediment D 2216320-56953-3 11187072-120919-BN-SJSSA07(2-4) Total/NA
Sediment D 2216320-56953-4 11187072-120919-BN-SJSSA07(4-6) Total/NA
Sediment D 2216320-56953-5 11187072-120919-BN-SJSSA04(0-1) Total/NA
Sediment D 2216320-56953-6 11187072-120919-BN-SJSSA04(1-2) Total/NA
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QC Association Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

General Chemistry (Continued)

Analysis Batch: 344997 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Sediment D 2216320-56953-7 11187072-120919-BN-SJSSA04(2-4) Total/NA
Sediment D 2216320-56953-8 11187072-120919-BN-SJSSA04(4-6) Total/NA
Sediment D 2216320-56953-1 DU 11187072-120919-BN-SJSSA07(0-1) Total/NA

Eurofins TestAmerica, Sacramento

Page 33 of 1153



Lab Chronicle
Client: GHD Services Inc. Job ID: 320-56953-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA07(0-1) Lab Sample ID: 320-56953-1
Matrix: SedimentDate Collected: 12/09/19 15:35

Date Received: 12/11/19 09:30

Analysis D 2216 12/12/19 12:52 AA1 344997 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120919-BN-SJSSA07(0-1) Lab Sample ID: 320-56953-1
Matrix: SedimentDate Collected: 12/09/19 15:35

Percent Solids: 43.4Date Received: 12/11/19 09:30

Prep HRMS-Sox 12/12/19 08:56 JMHRA 344942 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 346764 12/19/19 21:19 AS TAL SACTotal/NA

Prep HRMS-Sox 344942 12/12/19 08:56 JMH TAL SACTotal/NA
Analysis 1613B 1 346752 12/19/19 15:46 ALM TAL SACTotal/NA

Client Sample ID: 11187072-120919-BN-SJSSA07(1-2) Lab Sample ID: 320-56953-2
Matrix: SedimentDate Collected: 12/09/19 15:35

Date Received: 12/11/19 09:30

Analysis D 2216 12/12/19 12:52 AA1 344997 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120919-BN-SJSSA07(1-2) Lab Sample ID: 320-56953-2
Matrix: SedimentDate Collected: 12/09/19 15:35

Percent Solids: 64.4Date Received: 12/11/19 09:30

Prep HRMS-Sox 12/12/19 08:56 JMHRA 344942 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 346764 12/19/19 20:41 AS TAL SACTotal/NA

Prep HRMS-Sox 344942 12/12/19 08:56 JMH TAL SACTotal/NA
Analysis 1613B 1 346752 12/19/19 16:33 ALM TAL SACTotal/NA

Client Sample ID: 11187072-120919-BN-SJSSA07(2-4) Lab Sample ID: 320-56953-3
Matrix: SedimentDate Collected: 12/09/19 15:40

Date Received: 12/11/19 09:30

Analysis D 2216 12/12/19 12:52 AA1 344997 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120919-BN-SJSSA07(2-4) Lab Sample ID: 320-56953-3
Matrix: SedimentDate Collected: 12/09/19 15:40

Percent Solids: 81.7Date Received: 12/11/19 09:30

Prep HRMS-Sox 12/12/19 08:56 JMH344942 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B 1 346752 12/19/19 17:21 ALM TAL SACTotal/NA
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Lab Chronicle
Client: GHD Services Inc. Job ID: 320-56953-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA07(4-6) Lab Sample ID: 320-56953-4
Matrix: SedimentDate Collected: 12/09/19 15:40

Date Received: 12/11/19 09:30

Analysis D 2216 12/12/19 12:52 AA1 344997 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120919-BN-SJSSA07(4-6) Lab Sample ID: 320-56953-4
Matrix: SedimentDate Collected: 12/09/19 15:40

Percent Solids: 56.0Date Received: 12/11/19 09:30

Prep HRMS-Sox 12/12/19 08:56 JMH344942 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B 1 346752 12/19/19 18:09 ALM TAL SACTotal/NA

Client Sample ID: 11187072-120919-BN-SJSSA04(0-1) Lab Sample ID: 320-56953-5
Matrix: SedimentDate Collected: 12/09/19 16:15

Date Received: 12/11/19 09:30

Analysis D 2216 12/12/19 12:52 AA1 344997 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120919-BN-SJSSA04(0-1) Lab Sample ID: 320-56953-5
Matrix: SedimentDate Collected: 12/09/19 16:15

Percent Solids: 41.6Date Received: 12/11/19 09:30

Prep HRMS-Sox 12/12/19 08:56 JMHRA 344942 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 346764 12/19/19 21:57 AS TAL SACTotal/NA

Prep HRMS-Sox 344942 12/12/19 08:56 JMH TAL SACTotal/NA
Analysis 1613B 1 346752 12/19/19 18:56 ALM TAL SACTotal/NA

Client Sample ID: 11187072-120919-BN-SJSSA04(1-2) Lab Sample ID: 320-56953-6
Matrix: SedimentDate Collected: 12/09/19 16:15

Date Received: 12/11/19 09:30

Analysis D 2216 12/12/19 12:52 AA1 344997 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120919-BN-SJSSA04(1-2) Lab Sample ID: 320-56953-6
Matrix: SedimentDate Collected: 12/09/19 16:15

Percent Solids: 50.8Date Received: 12/11/19 09:30

Prep HRMS-Sox 12/12/19 08:56 JMHRA 344942 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 346764 12/19/19 22:36 AS TAL SACTotal/NA

Prep HRMS-Sox 344942 12/12/19 08:56 JMH TAL SACTotal/NA
Analysis 1613B 1 346752 12/19/19 19:44 ALM TAL SACTotal/NA
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Lab Chronicle
Client: GHD Services Inc. Job ID: 320-56953-1
Project/Site: San Jacinto River Waste Pits Superfund

Client Sample ID: 11187072-120919-BN-SJSSA04(2-4) Lab Sample ID: 320-56953-7
Matrix: SedimentDate Collected: 12/09/19 16:20

Date Received: 12/11/19 09:30

Analysis D 2216 12/12/19 12:52 AA1 344997 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120919-BN-SJSSA04(2-4) Lab Sample ID: 320-56953-7
Matrix: SedimentDate Collected: 12/09/19 16:20

Percent Solids: 46.1Date Received: 12/11/19 09:30

Prep HRMS-Sox 12/12/19 08:56 JMHRA 344942 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 346764 12/19/19 23:14 AS TAL SACTotal/NA

Prep HRMS-Sox 344942 12/12/19 08:56 JMH TAL SACTotal/NA
Analysis 1613B 1 346752 12/19/19 20:31 ALM TAL SACTotal/NA

Client Sample ID: 11187072-120919-BN-SJSSA04(4-6) Lab Sample ID: 320-56953-8
Matrix: SedimentDate Collected: 12/09/19 16:20

Date Received: 12/11/19 09:30

Analysis D 2216 12/12/19 12:52 AA1 344997 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: 11187072-120919-BN-SJSSA04(4-6) Lab Sample ID: 320-56953-8
Matrix: SedimentDate Collected: 12/09/19 16:20

Percent Solids: 42.6Date Received: 12/11/19 09:30

Prep HRMS-Sox 12/12/19 08:56 JMHRA 344942 TAL SAC
Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA
Analysis 1613B RA 1 346764 12/19/19 23:52 AS TAL SACTotal/NA

Prep HRMS-Sox 344942 12/12/19 08:56 JMH TAL SACTotal/NA
Analysis 1613B 1 346752 12/19/19 21:19 ALM TAL SACTotal/NA

Laboratory References:

TAL SAC = Eurofins TestAmerica, Sacramento, 880 Riverside Parkway, West Sacramento, CA 95605, TEL (916)373-5600
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Accreditation/Certification Summary
Client: GHD Services Inc. Job ID: 320-56953-1
Project/Site: San Jacinto River Waste Pits Superfund

Laboratory: Eurofins TestAmerica, Sacramento
Unless otherwise noted, all analytes for this laboratory were covered under each accreditation/certification below.

Authority Program Identification Number Expiration Date

Texas T104704399NELAP 05-31-20

The following analytes are included in this report, but the laboratory is not certified by the governing authority.  This list may include analytes for which 
the agency does not offer certification.  
Analysis Method Prep Method Matrix Analyte
1613B HRMS-Sox Sediment 1,2,3,4,6,7,8-HpCDD
1613B HRMS-Sox Sediment 1,2,3,4,6,7,8-HpCDF
1613B HRMS-Sox Sediment 1,2,3,4,7,8,9-HpCDF
1613B HRMS-Sox Sediment 1,2,3,4,7,8-HxCDD
1613B HRMS-Sox Sediment 1,2,3,4,7,8-HxCDF
1613B HRMS-Sox Sediment 1,2,3,6,7,8-HxCDD
1613B HRMS-Sox Sediment 1,2,3,6,7,8-HxCDF
1613B HRMS-Sox Sediment 1,2,3,7,8,9-HxCDD
1613B HRMS-Sox Sediment 1,2,3,7,8,9-HxCDF
1613B HRMS-Sox Sediment 1,2,3,7,8-PeCDD
1613B HRMS-Sox Sediment 1,2,3,7,8-PeCDF
1613B HRMS-Sox Sediment 2,3,4,6,7,8-HxCDF
1613B HRMS-Sox Sediment 2,3,4,7,8-PeCDF
1613B HRMS-Sox Sediment 2,3,7,8-TCDD
1613B HRMS-Sox Sediment 2,3,7,8-TCDF
1613B HRMS-Sox Sediment OCDD
1613B HRMS-Sox Sediment OCDF
1613B HRMS-Sox Sediment Total HpCDD
1613B HRMS-Sox Sediment Total HpCDF
1613B HRMS-Sox Sediment Total HxCDD
1613B HRMS-Sox Sediment Total HxCDF
1613B HRMS-Sox Sediment Total PeCDD
1613B HRMS-Sox Sediment Total PeCDF
1613B HRMS-Sox Sediment Total TCDD
1613B HRMS-Sox Sediment Total TCDF
D 2216 Sediment Percent Moisture
D 2216 Sediment Percent Solids

Laboratory: Eurofins TestAmerica, Pittsburgh
The accreditations/certifications listed below are applicable to this report.

Authority Program Identification Number Expiration Date

Texas T104704528-15-2NELAP 03-31-20

Eurofins TestAmerica, Sacramento
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Method Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Method Method Description LaboratoryProtocol

40CFR136A1613B Dioxins and Furans (HRGC/HRMS) TAL SAC
TAL SOPTEQ Total TEQ Calculation TAL SAC
ASTMD 2216 Percent Moisture TAL SAC
EPAHRMS-Sox Soxhlet Extraction TAL SAC

Protocol References:

40CFR136A = "Methods for Organic Chemical Analysis of Municipal Industrial Wastewater", 40CFR, Part 136, Appendix A,  October 26, 1984 and 
subsequent revisions.
ASTM = ASTM International
EPA = US Environmental Protection Agency
TAL SOP = TestAmerica Laboratories, Standard Operating Procedure

Laboratory References:

TAL SAC = Eurofins TestAmerica, Sacramento, 880 Riverside Parkway, West Sacramento, CA 95605, TEL (916)373-5600

Eurofins TestAmerica, Sacramento
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Sample Summary
Job ID: 320-56953-1Client: GHD Services Inc.

Project/Site: San Jacinto River Waste Pits Superfund

Lab Sample ID Client Sample ID ReceivedCollectedMatrix Asset ID

320-56953-1 11187072-120919-BN-SJSSA07(0-1) Sediment 12/09/19 15:35 12/11/19 09:30
320-56953-2 11187072-120919-BN-SJSSA07(1-2) Sediment 12/09/19 15:35 12/11/19 09:30
320-56953-3 11187072-120919-BN-SJSSA07(2-4) Sediment 12/09/19 15:40 12/11/19 09:30
320-56953-4 11187072-120919-BN-SJSSA07(4-6) Sediment 12/09/19 15:40 12/11/19 09:30
320-56953-5 11187072-120919-BN-SJSSA04(0-1) Sediment 12/09/19 16:15 12/11/19 09:30
320-56953-6 11187072-120919-BN-SJSSA04(1-2) Sediment 12/09/19 16:15 12/11/19 09:30
320-56953-7 11187072-120919-BN-SJSSA04(2-4) Sediment 12/09/19 16:20 12/11/19 09:30
320-56953-8 11187072-120919-BN-SJSSA04(4-6) Sediment 12/09/19 16:20 12/11/19 09:30

Eurofins TestAmerica, Sacramento

Page 39 of 1153



Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56953-1

Instrument ID: Analysis Batch Number:3D5 345037

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

IC 320-345037/4

12DE193D5_4.d12/12/19 12:16 GC Column: DB-5 ID: 0.32(mm)

13C-2,3,4,7,8-PeCDF Peak assignment corrected stephensk 12/12/19 13:3523.41
13C-1,2,3,4,7,8-HxCDD Peak assignment corrected stephensk 12/12/19 13:3631.55
13C-1,2,3,4,7,8,9-HpCDF Peak assignment corrected stephensk 12/12/19 13:3634.72

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

IC 320-345037/6

12DE193D5_6.d12/12/19 13:51 GC Column: DB-5 ID: 0.32(mm)

13C-2,3,4,7,8-PeCDF Peak assignment corrected stephensk 12/12/19 14:4123.42
13C-1,2,3,4,7,8-HxCDD Peak assignment corrected stephensk 12/12/19 14:4131.55
13C-1,2,3,4,7,8,9-HpCDF Peak assignment corrected stephensk 12/12/19 14:4134.72

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

IC 320-345037/7

12DE193D5_7.d12/12/19 14:39 GC Column: DB-5 ID: 0.32(mm)

13C-2,3,4,7,8-PeCDF Peak assignment corrected stephensk 12/12/19 15:4823.42
13C-1,2,3,4,7,8-HxCDD Peak assignment corrected stephensk 12/12/19 15:4831.55
13C-1,2,3,4,7,8,9-HpCDF Peak assignment corrected stephensk 12/12/19 15:4934.72

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56953-1

Instrument ID: Analysis Batch Number:3D5 346752

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

MB 320-344942/1-A

19DE193D5_4.d12/19/19 13:23 GC Column: DB-5 ID: 0.32(mm)

1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/20/19 14:1033.64
1,2,3,4,6,7,8-HpCDD Split Peak dadunj 12/20/19 14:1134.42
1,2,3,4,7,8,9-HpCDF Split Peak dadunj 12/20/19 14:1134.70

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56953-1 11187072-120919-BN-SJSSA07(0-1)

19DE193D5_7.d12/19/19 15:46 GC Column: DB-5 ID: 0.32(mm)

2,3,4,7,8-PeCDF Assign Peak dadunj 12/20/19 14:1423.38
1,2,3,4,7,8-HxCDF Baseline dadunj 12/20/19 14:1530.21
1,2,3,6,7,8-HxCDF Baseline dadunj 12/20/19 14:1530.43
2,3,4,6,7,8-HxCDF Split Peak dadunj 12/20/19 14:1531.34
1,2,3,7,8,9-HxCDD Baseline dadunj 12/20/19 14:1631.98
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/20/19 14:1633.64
1,2,3,4,7,8,9-HpCDF Split Peak dadunj 12/20/19 14:1634.71

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56953-2 11187072-120919-BN-SJSSA07(1-2)

19DE193D5_8.d12/19/19 16:33 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDF Split Peak dadunj 12/20/19 14:1817.13
1,2,3,7,8,9-HxCDD Split Peak dadunj 12/20/19 14:1931.96
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/20/19 14:2033.64

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56953-1

Instrument ID: Analysis Batch Number:3D5 346752

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56953-3 11187072-120919-BN-SJSSA07(2-4)

19DE193D5_9.d12/19/19 17:21 GC Column: DB-5 ID: 0.32(mm)

1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/20/19 14:22
1,2,3,4,7,8-HxCDD Split Peak dadunj 12/20/19 14:2231.53

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56953-4 11187072-120919-BN-SJSSA07(4-6)

19DE193D5_10.d12/19/19 18:09 GC Column: DB-5 ID: 0.32(mm)

1,2,3,7,8,9-HxCDD Split Peak dadunj 12/20/19 14:2431.95

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56953-5 11187072-120919-BN-SJSSA04(0-1)

19DE193D5_11.d12/19/19 18:56 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDD Split Peak dadunj 12/20/19 14:2617.81
2,3,4,7,8-PeCDF Assign Peak dadunj 12/20/19 14:2723.36
1,2,3,4,7,8-HxCDF Baseline dadunj 12/20/19 14:2830.21
1,2,3,6,7,8-HxCDF Baseline dadunj 12/20/19 14:2830.39
1,2,3,4,7,8-HxCDD Invalid Compound ID dadunj 12/20/19 14:2931.51
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/20/19 14:2931.63
1,2,3,7,8,9-HxCDF Baseline dadunj 12/20/19 14:2832.15
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/20/19 14:3033.63

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56953-1

Instrument ID: Analysis Batch Number:3D5 346752

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56953-6 11187072-120919-BN-SJSSA04(1-2)

19DE193D5_12.d12/19/19 19:44 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDD Split Peak dadunj 12/20/19 14:3217.79
1,2,3,7,8-PeCDF Baseline dadunj 12/20/19 14:3322.06
2,3,4,7,8-PeCDF Baseline dadunj 12/20/19 14:3323.40
1,2,3,4,7,8-HxCDF Baseline dadunj 12/20/19 14:3430.23
1,2,3,4,7,8-HxCDD Split Peak dadunj 12/20/19 14:3531.53
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/20/19 14:3531.63
1,2,3,7,8,9-HxCDD Split Peak dadunj 12/20/19 14:3531.98
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/20/19 14:3533.63

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56953-7 11187072-120919-BN-SJSSA04(2-4)

19DE193D5_13.d12/19/19 20:31 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDD Split Peak dadunj 12/20/19 14:3817.81
2,3,4,7,8-PeCDF Assign Peak dadunj 12/20/19 14:3923.34
1,2,3,4,7,8-HxCDF Split Peak dadunj 12/20/19 14:4030.21
1,2,3,6,7,8-HxCDF Split Peak dadunj 12/20/19 14:4030.39
1,2,3,4,7,8-HxCDD Invalid Compound ID dadunj 12/20/19 14:4031.54
1,2,3,6,7,8-HxCDD Invalid Compound ID dadunj 12/20/19 14:4031.63

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN MANUAL INTEGRATION SUMMARY

Eurofins TestAmerica, Sacramento 320-56953-1

Instrument ID: Analysis Batch Number:3D5 346752

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION
TIME

MANUAL INTEGRATION
DATEANALYSTREASON

320-56953-8 11187072-120919-BN-SJSSA04(4-6)

19DE193D5_14.d12/19/19 21:19 GC Column: DB-5 ID: 0.32(mm)

2,3,7,8-TCDD Split Peak dadunj 12/20/19 14:4317.81
1,2,3,7,8-PeCDF Split Peak dadunj 12/20/19 14:4322.05
2,3,4,6,7,8-HxCDF Split Peak dadunj 12/20/19 14:4431.31
1,2,3,7,8,9-HxCDD Split Peak dadunj 12/20/19 14:4531.96
1,2,3,7,8,9-HxCDF Invalid Compound ID dadunj 12/20/19 14:4532.16
1,2,3,4,6,7,8-HpCDF Split Peak dadunj 12/20/19 14:4533.63

1613B
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56953-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

HRDXNCP_00037 13C-2,3,7,8-TCDD 40 pg/uL6 mL 1.2 mL10/16/19 10/16/18HRDXNCP_00038 C14, Lot STBH5862
13C-2,3,7,8-TCDF 40 pg/uL
2,3,7,8-TCDD 40 pg/uL
2,3,7,8-TCDF 40 pg/uL

03/31/25 (Purchased Reagent) 13C-2,3,7,8-TCDD 200 ng/mLCIL, Lot ER03111502.HRDXNCP_00037
13C-2,3,7,8-TCDF 200 ng/mL
2,3,7,8-TCDD 200 ng/mL
2,3,7,8-TCDF 200 ng/mL

HRDXNCP_00039 1,2,3,4,6,7,9-HpCDD 40 pg/uL6 mL 1.2 mL08/30/20 08/30/19HRDXNCP_00040 C14, Lot STBH7678
1,2,3,4,6,7-HxCDD 40 pg/uL
1,2,3,4,6,8-HxCDF 40 pg/uL
1,2,3,4,8,9-HxCDF 40 pg/uL
1,2,3,7-TCDD 40 pg/uL
1,2,3,8,9-PeCDD 40 pg/uL
1,2,3,8,9-PeCDF 40 pg/uL
1,2,3,9-TCDD 40 pg/uL
1,2,3,9-TCDF 40 pg/uL
1,2,4,6,7,9-HxCDD 40 pg/uL
1,2,4,7,9-PeCDD 40 pg/uL
1,2,8,9-TCDD 40 pg/uL
1,2,8,9-TCDF 40 pg/uL
1,3,4,6,8-PeCDF 40 pg/uL
1,3,6,8-TCDD 40 pg/uL
1,3,6,8-TCDF 40 pg/uL
13C-2,3,7,8-TCDD 40 pg/uL
13C-2,3,7,8-TCDF 40 pg/uL
2,3,4,7-TCDF 40 pg/uL
2,3,7,8-TCDD 40 pg/uL
2,3,7,8-TCDF 40 pg/uL

03/31/25 (Purchased Reagent) 1,2,3,4,6,7,9-HpCDD 200 ng/mLCIL, Lot ER03111502.HRDXNCP_00039
1,2,3,4,6,7-HxCDD 200 ng/mL
1,2,3,4,6,8-HxCDF 200 ng/mL
1,2,3,4,8,9-HxCDF 200 ng/mL
1,2,3,7-TCDD 200 ng/mL
1,2,3,8,9-PeCDD 200 ng/mL
1,2,3,8,9-PeCDF 200 ng/mL
1,2,3,9-TCDD 200 ng/mL
1,2,3,9-TCDF 200 ng/mL
1,2,4,6,7,9-HxCDD 200 ng/mL
1,2,4,7,9-PeCDD 200 ng/mL
1,2,8,9-TCDD 200 ng/mL
1,2,8,9-TCDF 200 ng/mL
1,3,4,6,8-PeCDF 200 ng/mL
1,3,6,8-TCDD 200 ng/mL
1,3,6,8-TCDF 200 ng/mL
13C-2,3,7,8-TCDD 200 ng/mL
13C-2,3,7,8-TCDF 200 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56953-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

2,3,4,7-TCDF 200 ng/mL
2,3,7,8-TCDD 200 ng/mL
2,3,7,8-TCDF 200 ng/mL

HRDXNIDA_00303 13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL0.5 mL 0.125 mL04/29/20 07/02/19HRDXNIC_00042 C14, Lot STBH7678
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLHRDXNIDA_00364 0.25 mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
37Cl4-2,3,7,8-TCDD 40 ng/mLHRDXNSU_00196 0.05 mL
1,2,3,4,6,7,8-HpCDD 200 ng/mLHRDXNTA_00102 0.5 mL
1,2,3,4,6,7,8-HpCDF 200 ng/mL
1,2,3,4,7,8,9-HpCDF 200 ng/mL
1,2,3,4,7,8-HxCDD 200 ng/mL
1,2,3,4,7,8-HxCDF 200 ng/mL
1,2,3,6,7,8-HxCDD 200 ng/mL
1,2,3,6,7,8-HxCDF 200 ng/mL
1,2,3,7,8,9-HxCDD 200 ng/mL
1,2,3,7,8,9-HxCDF 200 ng/mL
1,2,3,7,8-PeCDD 200 ng/mL
1,2,3,7,8-PeCDF 200 ng/mL
2,3,4,6,7,8-HxCDF 200 ng/mL
2,3,4,7,8-PeCDF 200 ng/mL
2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
OCDD 400 ng/mL
OCDF 400 ng/mL

HRDXNIDA_00247 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL07/31/20 09/20/17.HRDXNIDA_00303 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00297 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00301 0.8 mL

HRDXNIDA_00302 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
03/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER053107-02..HRDXNIDA_00247
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00297
10/31/21 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER102711-01..HRDXNIDA_00301
07/31/20 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER072810-02..HRDXNIDA_00302

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56953-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 

0000192372
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
03/01/25 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 200 ng/mLWellington Labs, Lot 13PAR0418.HRDXNTA_00102

1,2,3,4,6,7,8-HpCDF 200 ng/mL
1,2,3,4,7,8,9-HpCDF 200 ng/mL
1,2,3,4,7,8-HxCDD 200 ng/mL
1,2,3,4,7,8-HxCDF 200 ng/mL
1,2,3,6,7,8-HxCDD 200 ng/mL
1,2,3,6,7,8-HxCDF 200 ng/mL
1,2,3,7,8,9-HxCDD 200 ng/mL
1,2,3,7,8,9-HxCDF 200 ng/mL
1,2,3,7,8-PeCDD 200 ng/mL
1,2,3,7,8-PeCDF 200 ng/mL
2,3,4,6,7,8-HxCDF 200 ng/mL
2,3,4,7,8-PeCDF 200 ng/mL
2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
OCDD 400 ng/mL
OCDF 400 ng/mL

HRDXNIDA_00364 13C-1,2,3,4,6,7,8-HpCDD 2 pg/uL500 mL 5 mL11/30/20 12/02/19HRDXNIDA_00406 Acetone, Lot 0000236139
13C-1,2,3,4,6,7,8-HpCDF 2 pg/uL
13C-2,3,7,8-TCDF 2 pg/uL
13C-2,3,7,8-TCDD 2 pg/uL
13C-1,2,3,6,7,8-HxCDF 2 pg/uL
13C-1,2,3,7,8,9-HxCDF 2 pg/uL
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13C-2,3,4,6,7,8-HxCDF 2 pg/uL
13C-1,2,3,7,8-PeCDD 2 pg/uL
13C-1,2,3,7,8-PeCDF 2 pg/uL
13C-1,2,3,6,7,8-HxCDD 2 pg/uL
13C-OCDD 4 pg/uL
13C-1,2,3,4,7,8,9-HpCDF 2 pg/uLHRDXNIDA_00379 2.5 mL
13C-2,3,4,7,8-PeCDF 2 pg/uL
13C-1,2,3,4,7,8-HxCDD 2 pg/uL
13C-1,2,3,4,7,8-HxCDF 2 pg/uL

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIDA_00375 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL04/11/26 04/11/19.HRDXNIDA_00379 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00376 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00377 0.8 mL

HRDXNIDA_00378 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
05/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER04251601..HRDXNIDA_00375
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00376
06/30/26 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER04211601..HRDXNIDA_00377
07/31/27 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER04211701..HRDXNIDA_00378

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL10/09/20 10/09/19HRDXNIS_00121 C14, Lot STBJ0716
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18.HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601..HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602..HRDXNIS_00111
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HRDXNIDA_00303 13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL1 mL 0.25 mL04/29/20 07/02/19HRDXNL2_00027 C14, Lot STBH7678
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLHRDXNIDA_00364 0.5 mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 1 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 0.5 ng/mLHRDXNSU_00217 0.625 mL
1,2,3,4,6,7,8-HpCDD 2.5 ng/mLHRDXNTA_00113 0.125 mL
1,2,3,4,6,7,8-HpCDF 2.5 ng/mL
1,2,3,4,7,8,9-HpCDF 2.5 ng/mL
1,2,3,4,7,8-HxCDD 2.5 ng/mL
1,2,3,4,7,8-HxCDF 2.5 ng/mL
1,2,3,6,7,8-HxCDD 2.5 ng/mL
1,2,3,6,7,8-HxCDF 2.5 ng/mL
1,2,3,7,8,9-HxCDD 2.5 ng/mL
1,2,3,7,8,9-HxCDF 2.5 ng/mL
1,2,3,7,8-PeCDD 2.5 ng/mL
1,2,3,7,8-PeCDF 2.5 ng/mL
2,3,4,6,7,8-HxCDF 2.5 ng/mL
2,3,4,7,8-PeCDF 2.5 ng/mL
2,3,7,8-TCDD 0.5 ng/mL
2,3,7,8-TCDF 0.5 ng/mL
OCDD 5 ng/mL
OCDF 5 ng/mL

HRDXNIDA_00247 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL07/31/20 09/20/17.HRDXNIDA_00303 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00297 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00301 0.8 mL

HRDXNIDA_00302 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
03/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER053107-02..HRDXNIDA_00247
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00297
10/31/21 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER102711-01..HRDXNIDA_00301
07/31/20 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER072810-02..HRDXNIDA_00302

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
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13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/01/20 07/01/19 500 mL HRDXNSU_00196 1000 uL 37Cl4-2,3,7,8-TCDD 0.8 pg/uL.HRDXNSU_00217 Isooctane, Lot 

0000201867
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL..HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL...HRDXNSU_00195 Isooctane, Lot 

0000192372
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501....HRDXNSU_00187

HRDXNTA_00092 1,2,3,4,6,7,8-HpCDD 20 ng/mL25 mL 0.25 mL05/29/20 05/29/19.HRDXNTA_00113 Acetone, Lot 
00000197752

1,2,3,4,6,7,8-HpCDF 20 ng/mL
1,2,3,4,7,8,9-HpCDF 20 ng/mL
1,2,3,4,7,8-HxCDD 20 ng/mL
1,2,3,4,7,8-HxCDF 20 ng/mL
1,2,3,6,7,8-HxCDD 20 ng/mL
1,2,3,6,7,8-HxCDF 20 ng/mL
1,2,3,7,8,9-HxCDD 20 ng/mL
1,2,3,7,8,9-HxCDF 20 ng/mL
1,2,3,7,8-PeCDD 20 ng/mL
1,2,3,7,8-PeCDF 20 ng/mL
2,3,4,6,7,8-HxCDF 20 ng/mL
2,3,4,7,8-PeCDF 20 ng/mL
2,3,7,8-TCDD 4 ng/mL
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2,3,7,8-TCDF 4 ng/mL
OCDD 40 ng/mL
OCDF 40 ng/mL

04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602..HRDXNTA_00092
1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

HRDXNIDA_00303 13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL0.5 mL 0.125 mL04/29/20 07/02/19HRDXNL3_00025 C14, Lot STBH7678
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLHRDXNIDA_00364 0.25 mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 0.5 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 2 ng/mLHRDXNSU_00217 1.25 mL
1,2,3,4,6,7,8-HpCDD 10 ng/mLHRDXNTA_00113 0.25 mL
1,2,3,4,6,7,8-HpCDF 10 ng/mL
1,2,3,4,7,8,9-HpCDF 10 ng/mL
1,2,3,4,7,8-HxCDD 10 ng/mL
1,2,3,4,7,8-HxCDF 10 ng/mL
1,2,3,6,7,8-HxCDD 10 ng/mL
1,2,3,6,7,8-HxCDF 10 ng/mL
1,2,3,7,8,9-HxCDD 10 ng/mL
1,2,3,7,8,9-HxCDF 10 ng/mL
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1,2,3,7,8-PeCDD 10 ng/mL
1,2,3,7,8-PeCDF 10 ng/mL
2,3,4,6,7,8-HxCDF 10 ng/mL
2,3,4,7,8-PeCDF 10 ng/mL
2,3,7,8-TCDD 2 ng/mL
2,3,7,8-TCDF 2 ng/mL
OCDD 20 ng/mL
OCDF 20 ng/mL

HRDXNIDA_00247 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL07/31/20 09/20/17.HRDXNIDA_00303 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00297 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00301 0.8 mL

HRDXNIDA_00302 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
03/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER053107-02..HRDXNIDA_00247
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00297
10/31/21 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER102711-01..HRDXNIDA_00301
07/31/20 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER072810-02..HRDXNIDA_00302

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111

Page 52 of 1153



REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56953-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

07/01/20 07/01/19 500 mL HRDXNSU_00196 1000 uL 37Cl4-2,3,7,8-TCDD 0.8 pg/uL.HRDXNSU_00217 Isooctane, Lot 
0000201867

07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL..HRDXNSU_00196 Isooctane, Lot 
0000192372

07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL...HRDXNSU_00195 Isooctane, Lot 
0000192372

07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501....HRDXNSU_00187
HRDXNTA_00092 1,2,3,4,6,7,8-HpCDD 20 ng/mL25 mL 0.25 mL05/29/20 05/29/19.HRDXNTA_00113 Acetone, Lot 

00000197752
1,2,3,4,6,7,8-HpCDF 20 ng/mL
1,2,3,4,7,8,9-HpCDF 20 ng/mL
1,2,3,4,7,8-HxCDD 20 ng/mL
1,2,3,4,7,8-HxCDF 20 ng/mL
1,2,3,6,7,8-HxCDD 20 ng/mL
1,2,3,6,7,8-HxCDF 20 ng/mL
1,2,3,7,8,9-HxCDD 20 ng/mL
1,2,3,7,8,9-HxCDF 20 ng/mL
1,2,3,7,8-PeCDD 20 ng/mL
1,2,3,7,8-PeCDF 20 ng/mL
2,3,4,6,7,8-HxCDF 20 ng/mL
2,3,4,7,8-PeCDF 20 ng/mL
2,3,7,8-TCDD 4 ng/mL
2,3,7,8-TCDF 4 ng/mL
OCDD 40 ng/mL
OCDF 40 ng/mL

04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602..HRDXNTA_00092
1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

HRDXNIDA_00364 13C-2,3,7,8-TCDF 100 ng/mL1 mL 0.5 mL04/29/20 07/11/19HRDXNL4_00084 C14, Lot STBH7678
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,4-TCDD 100 ng/mLHRDXNIS_00117 1 mL
37Cl4-2,3,7,8-TCDD 8 ng/mLHRDXNSU_00196 0.02 mL
2,3,7,8-TCDD 10 ng/mLHRDXNTA_00093 0.025 mL
2,3,7,8-TCDF 10 ng/mL
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HRDXNIDA_00354 13C-2,3,7,8-TCDF 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

HRDXNIDA_00355 1 mL 13C-2,3,7,8-TCDD 0.2 ug/mL
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/29/20 04/29/19 100 mL HRDXNIS_00112 2 mL 13C-1,2,3,4-TCDD 0.1 ug/mL.HRDXNIS_00117 C14, Lot STBH7678
09/30/26 10/25/18 10 mL HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL..HRDXNIS_00112 Isooctane, Lot 

0000192372
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 

0000192372
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
04/30/26 (Purchased Reagent) 2,3,7,8-TCDD 0.4 ug/mLCIL, Lot ER02241602.HRDXNTA_00093

2,3,7,8-TCDF 0.4 ug/mL

HRDXNIDA_00364 13C-1,2,3,4,6,7,8-HpCDD 100 ng/mL1 mL 0.5 mL04/29/20 10/03/19HRDXNL4_00086 C14, Lot STBH7678
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,4,7,8,9-HpCDF 100 ng/mLHRDXNIDA_00379 0.25 mL
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 1 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 10 ng/mLHRDXNSU_00196 0.025 mL
1,2,3,4,6,7,8-HpCDD 50 ng/mLHRDXNTA_00093 0.025 mL
1,2,3,4,6,7,8-HpCDF 50 ng/mL
1,2,3,4,7,8,9-HpCDF 50 ng/mL
1,2,3,4,7,8-HxCDD 50 ng/mL
1,2,3,4,7,8-HxCDF 50 ng/mL
1,2,3,6,7,8-HxCDD 50 ng/mL
1,2,3,6,7,8-HxCDF 50 ng/mL
1,2,3,7,8,9-HxCDD 50 ng/mL
1,2,3,7,8,9-HxCDF 50 ng/mL
1,2,3,7,8-PeCDD 50 ng/mL
1,2,3,7,8-PeCDF 50 ng/mL
2,3,4,6,7,8-HxCDF 50 ng/mL
2,3,4,7,8-PeCDF 50 ng/mL
2,3,7,8-TCDD 10 ng/mL
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2,3,7,8-TCDF 10 ng/mL
OCDD 100 ng/mL
OCDF 100 ng/mL

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIDA_00375 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL04/11/26 04/11/19.HRDXNIDA_00379 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00376 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00377 0.8 mL

HRDXNIDA_00378 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
05/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER04251601..HRDXNIDA_00375
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00376
06/30/26 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER04211601..HRDXNIDA_00377
07/31/27 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER04211701..HRDXNIDA_00378

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 

0000192372
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602.HRDXNTA_00093
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1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

HRDXNIDA_00303 13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL0.2 mL 0.05 mL04/29/20 07/02/19HRDXNL5_00028 C14, Lot STBH7678
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLHRDXNIDA_00364 0.1 mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 0.2 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 40 ng/mLHRDXNSU_00196 0.02 mL
1,2,3,4,6,7,8-HpCDD 200 ng/mLHRDXNTA_00093 0.02 mL
1,2,3,4,6,7,8-HpCDF 200 ng/mL
1,2,3,4,7,8,9-HpCDF 200 ng/mL
1,2,3,4,7,8-HxCDD 200 ng/mL
1,2,3,4,7,8-HxCDF 200 ng/mL
1,2,3,6,7,8-HxCDD 200 ng/mL
1,2,3,6,7,8-HxCDF 200 ng/mL
1,2,3,7,8,9-HxCDD 200 ng/mL
1,2,3,7,8,9-HxCDF 200 ng/mL
1,2,3,7,8-PeCDD 200 ng/mL
1,2,3,7,8-PeCDF 200 ng/mL
2,3,4,6,7,8-HxCDF 200 ng/mL
2,3,4,7,8-PeCDF 200 ng/mL
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2,3,7,8-TCDD 40 ng/mL
2,3,7,8-TCDF 40 ng/mL
OCDD 400 ng/mL
OCDF 400 ng/mL

HRDXNIDA_00247 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL07/31/20 09/20/17.HRDXNIDA_00303 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00297 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00301 0.8 mL

HRDXNIDA_00302 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
03/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER053107-02..HRDXNIDA_00247
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00297
10/31/21 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER102711-01..HRDXNIDA_00301
07/31/20 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER072810-02..HRDXNIDA_00302

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 

0000192372
07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56953-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602.HRDXNTA_00093
1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

HRDXNIDA_00303 13C-1,2,3,4,7,8,9-HpCDF 100 ng/mL0.2 mL 0.05 mL04/29/20 07/02/19HRDXNL6_00024 C14, Lot STBH7678
13C-2,3,4,7,8-PeCDF 100 ng/mL
13C-1,2,3,4,7,8-HxCDD 100 ng/mL
13C-1,2,3,4,7,8-HxCDF 100 ng/mL
13C-1,2,3,4,6,7,8-HpCDD 100 ng/mLHRDXNIDA_00364 0.1 mL
13C-1,2,3,4,6,7,8-HpCDF 100 ng/mL
13C-2,3,7,8-TCDF 100 ng/mL
13C-2,3,7,8-TCDD 100 ng/mL
13C-1,2,3,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8,9-HxCDF 100 ng/mL
13C-2,3,4,6,7,8-HxCDF 100 ng/mL
13C-1,2,3,7,8-PeCDD 100 ng/mL
13C-1,2,3,7,8-PeCDF 100 ng/mL
13C-1,2,3,6,7,8-HxCDD 100 ng/mL
13C-OCDD 200 ng/mL
13C-1,2,3,7,8,9-HxCDD 100 ng/mLHRDXNIS_00117 0.2 mL
13C-1,2,3,4-TCDD 100 ng/mL
37Cl4-2,3,7,8-TCDD 200 ng/mLHRDXNSU_00196 0.1 mL
1,2,3,4,6,7,8-HpCDD 1000 ng/mLHRDXNTA_00093 0.1 mL
1,2,3,4,6,7,8-HpCDF 1000 ng/mL
1,2,3,4,7,8,9-HpCDF 1000 ng/mL
1,2,3,4,7,8-HxCDD 1000 ng/mL
1,2,3,4,7,8-HxCDF 1000 ng/mL
1,2,3,6,7,8-HxCDD 1000 ng/mL
1,2,3,6,7,8-HxCDF 1000 ng/mL
1,2,3,7,8,9-HxCDD 1000 ng/mL
1,2,3,7,8,9-HxCDF 1000 ng/mL
1,2,3,7,8-PeCDD 1000 ng/mL
1,2,3,7,8-PeCDF 1000 ng/mL
2,3,4,6,7,8-HxCDF 1000 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56953-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

2,3,4,7,8-PeCDF 1000 ng/mL
2,3,7,8-TCDD 200 ng/mL
2,3,7,8-TCDF 200 ng/mL
OCDD 2000 ng/mL
OCDF 2000 ng/mL

HRDXNIDA_00247 13C-1,2,3,4,7,8,9-HpCDF 0.4 ug/mL100 mL 0.8 mL07/31/20 09/20/17.HRDXNIDA_00303 Isooctane, Lot 
0000134126

13C-2,3,4,7,8-PeCDF 0.4 ug/mLHRDXNIDA_00297 0.8 mL
13C-1,2,3,4,7,8-HxCDD 0.4 ug/mLHRDXNIDA_00301 0.8 mL

HRDXNIDA_00302 0.8 mL 13C-1,2,3,4,7,8-HxCDF 0.4 ug/mL
03/31/26 (Purchased Reagent) 13C-1,2,3,4,7,8,9-HpCDF 50 ug/mLCIL, Lot ER053107-02..HRDXNIDA_00247
01/31/27 (Purchased Reagent) 13C-2,3,4,7,8-PeCDF 50 ug/mLCIL, Lot ER01061701..HRDXNIDA_00297
10/31/21 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDD 50 ug/mLCIL, Lot ER102711-01..HRDXNIDA_00301
07/31/20 (Purchased Reagent) 13C-1,2,3,4,7,8-HxCDF 50 ug/mLCIL, Lot ER072810-02..HRDXNIDA_00302

HRDXNIDA_00075 13C-1,2,3,4,6,7,8-HpCDD 0.2 ug/mL250 mL 1 mL11/30/20 01/28/19.HRDXNIDA_00364 Isooctane, Lot 
0000192372

13C-1,2,3,4,6,7,8-HpCDF 0.2 ug/mLHRDXNIDA_00353 1 mL
13C-2,3,7,8-TCDF 0.2 ug/mLHRDXNIDA_00354 1 mL
13C-2,3,7,8-TCDD 0.2 ug/mLHRDXNIDA_00355 1 mL
13C-1,2,3,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00357 1 mL
13C-1,2,3,7,8,9-HxCDF 0.2 ug/mLHRDXNIDA_00358 1 mL
13C-2,3,4,6,7,8-HxCDF 0.2 ug/mLHRDXNIDA_00359 1 mL
13C-1,2,3,7,8-PeCDD 0.2 ug/mLHRDXNIDA_00360 1 mL
13C-1,2,3,7,8-PeCDF 0.2 ug/mLHRDXNIDA_00361 1 mL
13C-1,2,3,6,7,8-HxCDD 0.2 ug/mLHRDXNIDA_00362 1 mL

HRDXNIDA_00365 10 mL 13C-OCDD 0.4 ug/mL
11/30/20 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDD 50 ug/mLCIL, Lot ER111010-01..HRDXNIDA_00075
11/30/24 (Purchased Reagent) 13C-1,2,3,4,6,7,8-HpCDF 50 ug/mLCIL, Lot ER08101404..HRDXNIDA_00353
09/30/26 (Purchased Reagent) 13C-2,3,7,8-TCDF 50 ug/mLCIL, Lot ER09131601..HRDXNIDA_00354
03/31/26 (Purchased Reagent) 13C-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER03031601..HRDXNIDA_00355
04/30/26 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDF 50 ug/mLCIL, Lot ER02241603..HRDXNIDA_00357
12/31/20 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDF 50 ug/mLCIL, Lot ER100610-01..HRDXNIDA_00358
12/31/20 (Purchased Reagent) 13C-2,3,4,6,7,8-HxCDF 50 ug/mLCIL, Lot ER100610-02..HRDXNIDA_00359
08/31/24 (Purchased Reagent) 13C-1,2,3,7,8-PeCDD 50 ug/mLCIL, Lot ER08041401..HRDXNIDA_00360
01/31/21 (Purchased Reagent) 13C-1,2,3,7,8-PeCDF 50 ug/mLCIL, Lot ER012111-01..HRDXNIDA_00361
03/31/28 (Purchased Reagent) 13C-1,2,3,6,7,8-HxCDD 50 ug/mLCIL, Lot ER03151801..HRDXNIDA_00362
04/30/27 (Purchased Reagent) 13C-OCDD 10 ug/mLCIL, Lot ER04051701..HRDXNIDA_00365

HRDXNIS_00112 13C-1,2,3,7,8,9-HxCDD 0.1 ug/mL100 mL 2 mL04/29/20 04/29/19.HRDXNIS_00117 C14, Lot STBH7678
13C-1,2,3,4-TCDD 0.1 ug/mL

HRDXNIS_00110 13C-1,2,3,7,8,9-HxCDD 5 ug/mL10 mL 1 mL09/30/26 10/25/18..HRDXNIS_00112 Isooctane, Lot 
0000192372

HRDXNIS_00111 1 mL 13C-1,2,3,4-TCDD 5 ug/mL
09/30/26 (Purchased Reagent) 13C-1,2,3,7,8,9-HxCDD 50 ug/mLCIL, Lot ER08221601...HRDXNIS_00110
01/31/27 (Purchased Reagent) 13C-1,2,3,4-TCDD 50 ug/mLCIL, Lot ER11081602...HRDXNIS_00111
07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 

0000192372
07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 

0000192372
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56953-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187
04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602.HRDXNTA_00093

1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL

12/02/20 12/02/19 500 mL HRDXNSU_00196 1000 uL 37Cl4-2,3,7,8-TCDD 0.8 pg/uLHRDXNSU_00223 Isooctane, Lot 
0000221197

07/31/25 09/10/18 25 mL HRDXNSU_00195 2 mL 37Cl4-2,3,7,8-TCDD 0.4 ug/mL.HRDXNSU_00196 Isooctane, Lot 
0000192372

07/31/25 09/10/18 10 mL HRDXNSU_00187 1 mL 37Cl4-2,3,7,8-TCDD 5 ug/mL..HRDXNSU_00195 Isooctane, Lot 
0000192372

07/31/25 (Purchased Reagent) 37Cl4-2,3,7,8-TCDD 50 ug/mLCIL, Lot ER05211501...HRDXNSU_00187

HRDXNTA_00093 1,2,3,4,6,7,8-HpCDD 20 ng/mL25 mL 0.25 mL10/18/20 10/18/19HRDXNTA_00117 Acetone, Lot 
00000236139

1,2,3,4,6,7,8-HpCDF 20 ng/mL
1,2,3,4,7,8,9-HpCDF 20 ng/mL
1,2,3,4,7,8-HxCDD 20 ng/mL
1,2,3,4,7,8-HxCDF 20 ng/mL
1,2,3,6,7,8-HxCDD 20 ng/mL
1,2,3,6,7,8-HxCDF 20 ng/mL
1,2,3,7,8,9-HxCDD 20 ng/mL
1,2,3,7,8,9-HxCDF 20 ng/mL
1,2,3,7,8-PeCDD 20 ng/mL
1,2,3,7,8-PeCDF 20 ng/mL
2,3,4,6,7,8-HxCDF 20 ng/mL
2,3,4,7,8-PeCDF 20 ng/mL
2,3,7,8-TCDD 4 ng/mL
2,3,7,8-TCDF 4 ng/mL
OCDD 40 ng/mL
OCDF 40 ng/mL

04/30/26 (Purchased Reagent) 1,2,3,4,6,7,8-HpCDD 2 ug/mLCIL, Lot ER02241602.HRDXNTA_00093
1,2,3,4,6,7,8-HpCDF 2 ug/mL
1,2,3,4,7,8,9-HpCDF 2 ug/mL
1,2,3,4,7,8-HxCDD 2 ug/mL
1,2,3,4,7,8-HxCDF 2 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56953-1Eurofins TestAmerica, Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

1,2,3,6,7,8-HxCDD 2 ug/mL
1,2,3,6,7,8-HxCDF 2 ug/mL
1,2,3,7,8,9-HxCDD 2 ug/mL
1,2,3,7,8,9-HxCDF 2 ug/mL
1,2,3,7,8-PeCDD 2 ug/mL
1,2,3,7,8-PeCDF 2 ug/mL
2,3,4,6,7,8-HxCDF 2 ug/mL
2,3,4,7,8-PeCDF 2 ug/mL
2,3,7,8-TCDD 0.4 ug/mL
2,3,7,8-TCDF 0.4 ug/mL
OCDD 4 ug/mL
OCDF 4 ug/mL
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Reagent

HRDXNCP_00039
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Reagent

HRDXNIDA_00075
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Reagent

HRDXNIDA_00247
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Reagent

HRDXNIDA_00297
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Reagent

HRDXNIDA_00301
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Reagent

HRDXNIDA_00302
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Reagent

HRDXNIDA_00353
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Reagent

HRDXNIDA_00354
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Reagent

HRDXNIDA_00355
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Reagent

HRDXNIDA_00357
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Reagent

HRDXNIDA_00358
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Reagent

HRDXNIDA_00359
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Reagent

HRDXNIDA_00360
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Reagent

HRDXNIDA_00361
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Reagent

HRDXNIDA_00362
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Reagent

HRDXNIDA_00365
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Reagent

HRDXNIDA_00375
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Reagent

HRDXNIDA_00376
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Reagent

HRDXNIDA_00377
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Reagent

HRDXNIDA_00378
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Reagent

HRDXNIS_00110
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Reagent

HRDXNIS_00111
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Reagent

HRDXNSU_00187
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Reagent

HRDXNTA_00092
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Reagent

HRDXNTA_00093
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Reagent

HRDXNTA_00102
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Method 1613B
Dioxins and Furans (HRGC/HRMS) by 

Method 1613B
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 320-56953-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Sacramento

GC Column (1): DB-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #TCDF TCDD 37TCDD PeCDF PeCF PeCDD HxCDF HxDF

LCS 
320-344942/2-A

68 67 106 66 71 66 72 72

LCSD 
320-344942/3-A

53 55 88 53 55 53 57 55

QC LIMITS
TCDF = 13C-2,3,7,8-TCDF 22-152
TCDD = 13C-2,3,7,8-TCDD 20-175
37TCDD = 37Cl4-2,3,7,8-TCDD 31-191
PeCDF = 13C-1,2,3,7,8-PeCDF 21-192
PeCF = 13C-2,3,4,7,8-PeCDF 13-328
PeCDD = 13C-1,2,3,7,8-PeCDD 21-227
HxCDF = 13C-1,2,3,4,7,8-HxCDF 19-202
HxDF = 13C-1,2,3,6,7,8-HxCDF 21-159

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 320-56953-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Sacramento

GC Column (1): DB-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #13CHxCF HxCDD HxDD HxCF HpCDF HpCDD HpCDF2 OCDD

LCS 
320-344942/2-A

69 74 73 65 71 71 73 70

LCSD 
320-344942/3-A

56 57 59 54 56 58 61 63

QC LIMITS
13CHxCF = 13C-2,3,4,6,7,8-HxCDF 22-176
HxCDD = 13C-1,2,3,4,7,8-HxCDD 21-193
HxDD = 13C-1,2,3,6,7,8-HxCDD 25-163
HxCF = 13C-1,2,3,7,8,9-HxCDF 17-205
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF 21-158
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD 26-166
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF 20-186
OCDD = 13C-OCDD 13-199

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 320-56953-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Sacramento

GC Column (1): DB-225 ID: 0.32(mm)

#Lab Sample IDClient Sample ID #TCDF 37TCDD

320-56953-1 RA11187072-120919-BN
-SJSSA07(0-1) RA

68 103

320-56953-2 RA11187072-120919-BN
-SJSSA07(1-2) RA

69 110

320-56953-5 RA11187072-120919-BN
-SJSSA04(0-1) RA

67 109

320-56953-6 RA11187072-120919-BN
-SJSSA04(1-2) RA

75 111

320-56953-7 RA11187072-120919-BN
-SJSSA04(2-4) RA

65 102

320-56953-8 RA11187072-120919-BN
-SJSSA04(4-6) RA

65 116

QC LIMITS
TCDF = 13C-2,3,7,8-TCDF 24-169
37TCDD = 37Cl4-2,3,7,8-TCDD 35-197

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 320-56953-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Sacramento

GC Column (1): DB-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #TCDF TCDD 37TCDD PeCDF PeCF PeCDD HxCDF HxDF

320-56953-111187072-120919-BN
-SJSSA07(0-1)

59 61 100 58 63 60 61 59

320-56953-211187072-120919-BN
-SJSSA07(1-2)

63 61 104 58 62 59 63 60

320-56953-311187072-120919-BN
-SJSSA07(2-4)

63 64 100 60 64 59 67 66

320-56953-411187072-120919-BN
-SJSSA07(4-6)

65 66 100 61 66 61 71 72

320-56953-511187072-120919-BN
-SJSSA04(0-1)

63 62 99 60 62 59 65 62

320-56953-611187072-120919-BN
-SJSSA04(1-2)

64 65 102 61 66 62 68 65

320-56953-711187072-120919-BN
-SJSSA04(2-4)

56 57 92 52 55 51 57 55

320-56953-811187072-120919-BN
-SJSSA04(4-6)

60 60 109 57 60 57 62 59

MB 
320-344942/1-A

60 60 100 57 62 61 64 63

QC LIMITS
TCDF = 13C-2,3,7,8-TCDF 24-169
TCDD = 13C-2,3,7,8-TCDD 25-164
37TCDD = 37Cl4-2,3,7,8-TCDD 35-197
PeCDF = 13C-1,2,3,7,8-PeCDF 24-185
PeCF = 13C-2,3,4,7,8-PeCDF 21-178
PeCDD = 13C-1,2,3,7,8-PeCDD 25-181
HxCDF = 13C-1,2,3,4,7,8-HxCDF 26-152
HxDF = 13C-1,2,3,6,7,8-HxCDF 26-123

FORM II 1613B

# Column to be used to flag recovery values
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FORM II
DIOXIN SURROGATE RECOVERY

Lab Name: Job No.: 320-56953-1

SDG No.:

Matrix: Sediment Level: Low

Eurofins TestAmerica, Sacramento

GC Column (1): DB-5 ID: 0.32(mm)

#Lab Sample IDClient Sample ID # # # # # # #13CHxCF HxCDD HxDD HxCF HpCDF HpCDD HpCDF2 OCDD

320-56953-111187072-120919-BN
-SJSSA07(0-1)

60 63 64 60 56 62 66 68

320-56953-211187072-120919-BN
-SJSSA07(1-2)

61 65 62 60 55 61 67 60

320-56953-311187072-120919-BN
-SJSSA07(2-4)

65 69 70 62 64 67 71 72

320-56953-411187072-120919-BN
-SJSSA07(4-6)

68 70 74 63 68 69 72 72

320-56953-511187072-120919-BN
-SJSSA04(0-1)

61 63 65 60 61 63 69 67

320-56953-611187072-120919-BN
-SJSSA04(1-2)

65 66 70 61 60 65 68 64

320-56953-711187072-120919-BN
-SJSSA04(2-4)

56 56 60 55 56 59 63 63

320-56953-811187072-120919-BN
-SJSSA04(4-6)

59 62 62 59 59 62 66 72

MB 
320-344942/1-A

60 65 65 57 61 61 65 64

QC LIMITS
13CHxCF = 13C-2,3,4,6,7,8-HxCDF 28-136
HxCDD = 13C-1,2,3,4,7,8-HxCDD 32-141
HxDD = 13C-1,2,3,6,7,8-HxCDD 28-130
HxCF = 13C-1,2,3,7,8,9-HxCDF 29-147
HpCDF = 13C-1,2,3,4,6,7,8-HpCDF 28-143
HpCDD = 13C-1,2,3,4,6,7,8-HpCDD 23-140
HpCDF2 = 13C-1,2,3,4,7,8,9-HpCDF 26-138
OCDD = 13C-OCDD 17-157

FORM II 1613B

# Column to be used to flag recovery values
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DIOXIN LAB CONTROL SAMPLE RECOVERY
FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-56953-1

Lab File ID: 19DE193D5_5.dSediment

Lab ID: LCS 320-344942/2-A Client ID:

Eurofins TestAmerica, Sacramento

REC 
%
REC

QC
LIMITSCONCENTRATION

(pg/g)

SPIKE
ADDED
(pg/g)

#
LCS LCS

COMPOUND
2,3,7,8-TCDD 20.0 20.7 67-158104
2,3,7,8-TCDF 20.0 22.0 75-158110
1,2,3,7,8-PeCDD 100 99.6 70-142100
1,2,3,7,8-PeCDF 100 104 80-134104
2,3,4,7,8-PeCDF 100 98.8 68-16099
1,2,3,4,7,8-HxCDD 100 95.3 70-16495
1,2,3,6,7,8-HxCDD 100 105 76-134105
1,2,3,7,8,9-HxCDD 100 98.0 64-16298
1,2,3,4,7,8-HxCDF 100 101 72-134101
1,2,3,6,7,8-HxCDF 100 107 84-130107
1,2,3,7,8,9-HxCDF 100 110 78-130110
2,3,4,6,7,8-HxCDF 100 108 70-156108
1,2,3,4,6,7,8-HpCDD 100 101 70-140101
1,2,3,4,6,7,8-HpCDF 100 105 82-122105
1,2,3,4,7,8,9-HpCDF 100 103 78-138103
OCDD 200 186 78-14493
OCDF 200 208 63-170104
13C-2,3,7,8-TCDD 200 135 20-17567
13C-2,3,7,8-TCDF 200 135 22-15268
13C-1,2,3,7,8-PeCDD 200 133 21-22766
13C-1,2,3,7,8-PeCDF 200 132 21-19266
13C-2,3,4,7,8-PeCDF 200 143 13-32871
13C-1,2,3,4,7,8-HxCDD 200 148 21-19374
13C-1,2,3,6,7,8-HxCDD 200 147 25-16373
13C-1,2,3,4,7,8-HxCDF 200 144 19-20272
13C-1,2,3,6,7,8-HxCDF 200 143 21-15972
13C-1,2,3,7,8,9-HxCDF 200 130 17-20565
13C-2,3,4,6,7,8-HxCDF 200 139 22-17669
13C-1,2,3,4,6,7,8-HpCDD 200 141 26-16671
13C-1,2,3,4,6,7,8-HpCDF 200 141 21-15871
13C-1,2,3,4,7,8,9-HpCDF 200 147 20-18673
13C-OCDD 400 280 13-19970

FORM III 1613B

# Column to be used to flag recovery and RPD values
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DIOXIN LAB CONTROL SAMPLE DUPLICATE RECOVERY
FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-56953-1

Lab File ID: 19DE193D5_6.dSediment

Lab ID: LCSD 320-344942/3-A Client ID:

Eurofins TestAmerica, Sacramento

COMPOUND

SPIKE
ADDED CONCENTRATION %

REC
%
RPD

QC LIMITS

RPD REC (pg/g) (pg/g)
#

LCSD LCSD

20.0 19.5 50 67-1582,3,7,8-TCDD 697
20.0 21.1 50 75-1582,3,7,8-TCDF 4106
100 100 50 70-1421,2,3,7,8-PeCDD 0100
100 102 50 80-1341,2,3,7,8-PeCDF 2102
100 97.9 50 68-1602,3,4,7,8-PeCDF 198
100 96.9 50 70-1641,2,3,4,7,8-HxCDD 297
100 101 50 76-1341,2,3,6,7,8-HxCDD 4101
100 96.3 50 64-1621,2,3,7,8,9-HxCDD 296
100 98.3 50 72-1341,2,3,4,7,8-HxCDF 398
100 105 50 84-1301,2,3,6,7,8-HxCDF 2105
100 106 50 78-1301,2,3,7,8,9-HxCDF 4106
100 106 50 70-1562,3,4,6,7,8-HxCDF 2106
100 99.1 50 70-1401,2,3,4,6,7,8-HpCDD 199
100 107 50 82-1221,2,3,4,6,7,8-HpCDF 2107
100 99.8 50 78-1381,2,3,4,7,8,9-HpCDF 3100
200 199 50 78-144OCDD 799
200 199 50 63-170OCDF 499
200 110 20-17513C-2,3,7,8-TCDD 55
200 105 22-15213C-2,3,7,8-TCDF 53
200 105 21-22713C-1,2,3,7,8-PeCDD 53
200 106 21-19213C-1,2,3,7,8-PeCDF 53
200 110 13-32813C-2,3,4,7,8-PeCDF 55
200 113 21-19313C-1,2,3,4,7,8-HxCDD 57
200 118 25-16313C-1,2,3,6,7,8-HxCDD 59
200 113 19-20213C-1,2,3,4,7,8-HxCDF 57
200 109 21-15913C-1,2,3,6,7,8-HxCDF 55
200 107 17-20513C-1,2,3,7,8,9-HxCDF 54
200 112 22-17613C-2,3,4,6,7,8-HxCDF 56
200 117 26-16613C-1,2,3,4,6,7,8-HpCDD 58
200 112 21-15813C-1,2,3,4,6,7,8-HpCDF 56
200 121 20-18613C-1,2,3,4,7,8,9-HpCDF 61
400 251 13-19913C-OCDD 63

FORM III 1613B

# Column to be used to flag recovery and RPD values
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FORM IV
DIOXIN METHOD BLANK SUMMARY

Lab Name:

SDG No.:

Job No.: 320-56953-1Eurofins TestAmerica, Sacramento

Instrument ID:

Level:(Low/Med)

Date Extracted:

Date Analyzed: 12/19/2019  13:23

12/12/2019  08:56

Low

3D5

Lab File ID: 19DE193D5_4.d Lab Sample ID: MB 320-344942/1-A

Matrix: Sediment

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES:

LAB SAMPLE ID
LAB

FILE ID DATE ANALYZEDCLIENT SAMPLE ID
 12/19/2019  14:1119DE193D5_5

.d
LCS 320-344942/2-A

 12/19/2019  14:5819DE193D5_6
.d

LCSD 320-344942/3-A

 12/19/2019  15:4619DE193D5_7
.d

320-56953-111187072-120919-BN-SJSSA07(0-1
)

 12/19/2019  16:3319DE193D5_8
.d

320-56953-211187072-120919-BN-SJSSA07(1-2
)

 12/19/2019  17:2119DE193D5_9
.d

320-56953-311187072-120919-BN-SJSSA07(2-4
)

 12/19/2019  18:0919DE193D5_1
0.d

320-56953-411187072-120919-BN-SJSSA07(4-6
)

 12/19/2019  18:5619DE193D5_1
1.d

320-56953-511187072-120919-BN-SJSSA04(0-1
)

 12/19/2019  19:4419DE193D5_1
2.d

320-56953-611187072-120919-BN-SJSSA04(1-2
)

 12/19/2019  20:3119DE193D5_1
3.d

320-56953-711187072-120919-BN-SJSSA04(2-4
)

 12/19/2019  20:4119DE19A11D2
_008.d

320-56953-2 RA11187072-120919-BN-SJSSA07(1-2
) RA

 12/19/2019  21:1919DE19A11D2
_009.d

320-56953-1 RA11187072-120919-BN-SJSSA07(0-1
) RA

 12/19/2019  21:1919DE193D5_1
4.d

320-56953-811187072-120919-BN-SJSSA04(4-6
)

 12/19/2019  21:5719DE19A11D2
_010.d

320-56953-5 RA11187072-120919-BN-SJSSA04(0-1
) RA

 12/19/2019  22:3619DE19A11D2
_011.d

320-56953-6 RA11187072-120919-BN-SJSSA04(1-2
) RA

 12/19/2019  23:1419DE19A11D2
_012.d

320-56953-7 RA11187072-120919-BN-SJSSA04(2-4
) RA

 12/19/2019  23:5219DE19A11D2
_013.d

320-56953-8 RA11187072-120919-BN-SJSSA04(4-6
) RA

FORM IV 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
7(0-1)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-1

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_7.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  15:46

Low2(uL)

20(uL)

% Moisture: 56.6

Sample wt/vol: 10.31(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

2.2 0.341746-01-6 2,3,7,8-TCDD 8.6

11 0.5140321-76-4 1,2,3,7,8-PeCDD ND

11 0.33J q57117-41-6 1,2,3,7,8-PeCDF 1.1

11 0.33J q57117-31-4 2,3,4,7,8-PeCDF 0.74

11 0.32J39227-28-6 1,2,3,4,7,8-HxCDD 1.1

11 0.34J57653-85-7 1,2,3,6,7,8-HxCDD 1.9

11 0.29J19408-74-3 1,2,3,7,8,9-HxCDD 2.7

11 0.33J70648-26-9 1,2,3,4,7,8-HxCDF 1.3

11 0.32J57117-44-9 1,2,3,6,7,8-HxCDF 1.1

11 0.24J72918-21-9 1,2,3,7,8,9-HxCDF 0.78

11 0.24J60851-34-5 2,3,4,6,7,8-HxCDF 0.60

11 1.5B35822-46-9 1,2,3,4,6,7,8-HpCDD 61

11 0.43J B67562-39-4 1,2,3,4,6,7,8-HpCDF 4.8

11 0.50J q B55673-89-7 1,2,3,4,7,8,9-HpCDF 1.3

22 1.8B3268-87-9 OCDD 2400

22 0.42B39001-02-0 OCDF 44

2.2 0.3441903-57-5 Total TCDD 11

2.2 0.44q30402-14-3 Total TCDF 47

11 0.51J q36088-22-9 Total PeCDD 3.7

11 0.33J q30402-15-4 Total PeCDF 4.8

11 0.3134465-46-8 Total HxCDD 38

11 0.28J q55684-94-1 Total HxCDF 8.8

11 1.5B37871-00-4 Total HpCDD 220

11 0.47q B38998-75-3 Total HpCDF 15

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
7(0-1)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-1

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_7.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  15:46

Low2(uL)

20(uL)

% Moisture: 56.6

Sample wt/vol: 10.31(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

61 25-16476523-40-5 13C-2,3,7,8-TCDD

59 24-16989059-46-1 13C-2,3,7,8-TCDF

60 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

58 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

63 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

63 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

64 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

61 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

59 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

60 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

60 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

62 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

56 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

66 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

68 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

100 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A          
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Sample Type: Client
Inject. Date: 19-Dec-2019 15:46:27 ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-1-A  320-56953-A-1-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 22-Dec-2019 12:44:01 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: krenns Date: 22-Dec-2019 12:44:01

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.612  198041387 0.79  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.113  166320094 0.79   1.4157        59.3        59.3   0.2217   0.2217  59.32
  2,3,7,8-TCDF 17.128    9583344 0.76   0.9502       6.064       6.064   0.0983   0.0983
A Non-2,3,7,8-sub-TCDF 16.811    7027783 0.77   0.9502       4.508       4.447   0.0983    2.404  RQa
S Total TCDF        10.6        10.5   0.0983   0.0983  RQ

D 13C-2,3,7,8-TCDD 17.808  118389805 0.80   0.9751        61.3        61.3   0.1803   0.1803  61.31
  2,3,7,8-TCDD 17.823    2392207 0.82   1.0477       1.929       1.929   0.0763   0.0763
$ 37Cl4-2,3,7,8-TCDD 17.823  106461715   1.3480        39.9        39.9   0.0760   0.0760  99.70

A Non-2,3,7,8-sub-TCDD 17.249     666931 0.87   1.0477      0.5377      0.5377   0.0763   0.5377
S Total TCDD       2.466       2.466   0.0763   0.0763

D 13C-1,2,3,7,8-PeCDF 22.032  134526502 1.57   1.1786        57.6        57.6   0.1820   0.1820  57.64
  1,2,3,7,8-PeCDF 22.059     348508 1.55   1.0302      0.2780      0.2515   0.0731   0.0731  RQ
D 13C-2,3,4,7,8-PeCDF 23.355  141826654 1.58   1.1308        63.3        63.3   0.1897   0.1897  63.33
  2,3,4,7,8-PeCDF 23.382     245750 1.55   1.0410      0.1855      0.1665   0.0741   0.0741  RQM
A F1 PeCDFs 19.774     343044 1.55   1.0356      0.2676      0.2397   0.0541   0.2397  RQ
A Non-2,3,7,8-sub-PeCDF 22.858     585592 1.36   1.0356      0.4092      0.4092   0.0736   0.4092  M
S Total PeCDF       1.140       1.067   0.0736   0.0736  RQ

D 13C-1,2,3,7,8-PeCDD 24.064   89532174 1.65   0.7572        59.7        59.7   0.1035   0.1035  59.71
  1,2,3,7,8-PeCDD 24.077   0.1140   0.1140
A Non-2,3,7,8-sub-PeCDD 22.973     799896 1.55   1.0855      0.9365      0.8230   0.1140   0.5564  RQ
S Total PeCDD      0.9365      0.8230   0.1140   0.1140  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.193  117270817 0.53   1.1043        60.9        60.9   0.2722   0.2722  60.90
  1,2,3,4,7,8-HxCDF 30.206     397700 1.28   1.1472      0.2956      0.2956   0.0728   0.0728  M
D 13C-1,2,3,6,7,8-HxCDF 30.406  118529467 0.51   1.1470        59.3        59.3   0.2620   0.2620  59.25
  1,2,3,6,7,8-HxCDF 30.433     319165 1.17   1.1450      0.2352      0.2352   0.0727   0.0727  M
D 13C-2,3,4,6,7,8-HxCDF 31.312  112608830 0.52   1.0769        60.0        60.0   0.2791   0.2791  59.96
  2,3,4,6,7,8-HxCDF 31.338     176160 1.19   1.1726      0.1334      0.1334   0.0538   0.0538  M
D 13C-1,2,3,7,8,9-HxCDF 32.164  106567674 0.53   1.0115        60.4        60.4   0.2972   0.2972  60.41
  1,2,3,7,8,9-HxCDF 32.164     217980 1.30   1.1717      0.1746      0.1746   0.0538   0.0538
A Non-2,3,7,8-sub-HxCDF 29.880    1494558 1.24   1.1591       1.168       1.134   0.0620   0.4573  RQMa
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF       2.007       1.972   0.0633   0.0633  RQ

* 13C-1,2,3,7,8,9-HxCDD 31.964  174394278 1.28  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.511   86883713 1.29   0.7962        62.6        62.6   0.2850   0.2850  62.57
  1,2,3,4,7,8-HxCDD 31.525     232509 1.17   1.0934      0.2448      0.2448   0.0714   0.0714
D 13C-1,2,3,6,7,8-HxCDD 31.618   97676997 1.24   0.8720        64.2        64.2   0.2603   0.2603  64.23
  1,2,3,6,7,8-HxCDD 31.631     423915 1.21   1.0429      0.4161      0.4161   0.0751   0.0751
  1,2,3,7,8,9-HxCDD 31.977     678793 1.28   1.2073      0.6093      0.6093   0.0648   0.0648  M
A Non-2,3,7,8-sub-HxCDD 30.519    7447066 1.24   1.1145       7.241       7.241   0.0702    5.182  Ma
S Total HxCDD       8.511       8.511   0.0704   0.0704

D 13C-1,2,3,4,6,7,8-HpCDF 33.628   73353781 0.44   0.7577        55.5        55.5   0.7493   0.7493  55.52
  1,2,3,4,6,7,8-HpCDF 33.640    1165276 1.04   1.4804       1.073       1.073   0.0971   0.0971  M
D 13C-1,2,3,4,7,8,9-HpCDF 34.697   79682767 0.44   0.6941        65.8        65.8   0.8179   0.8179  65.82
  1,2,3,4,7,8,9-HpCDF 34.709     289227 1.04   1.2933      0.3451      0.2807   0.1116   0.1116  RQM
A Non-2,3,7,8-sub-HpCDF 34.169    2072519 1.03   1.3868       1.953       1.953   0.1039    1.953  M
S Total HpCDF       3.371       3.307   0.1044   0.1044  RQ

D 13C-1,2,3,4,6,7,8-HpCDD 34.418   76280879 1.04   0.7058        62.0        62.0   0.3662   0.3662  61.97
  1,2,3,4,6,7,8-HpCDD 34.418   11031911 1.05   1.0535        13.7        13.7   0.3361   0.3361
A Non-2,3,7,8-sub-HpCDD 34.144   28107376 1.06   1.0535        35.0        35.0   0.3361     35.0
S Total HpCDD        48.7        48.7   0.3361   0.3361

D 13C-OCDD 36.734  108793887 0.88   0.4603       135.5       135.5   0.1709   0.1709  67.77
  OCDF 36.830    7404171 0.86   1.3945       9.761       9.761   0.0945   0.0945
  OCDD 36.746  331223661 0.90   1.1362       535.9       535.9   0.4136   0.4136

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A          
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Sample Type: Client
Inject. Date: 19-Dec-2019 15:46:27 ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-1-A  320-56953-A-1-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 22-Dec-2019 12:44:01 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: krenns Date: 22-Dec-2019 12:44:01

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.612 17.612    0   87226609   22427321  19687  49217   1139
333.9339 17.612 17.612    0  110814778   28388960  16054  40135   1768  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.113 17.113    0  0.972   73468197   18803933  20108  50270    935
317.9389 17.113 17.113    0  0.972   92851897   23852465  43680 109200    546  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.128 17.128    0  1.001    4136707     994842   6235  15587    160
305.8987 17.128 17.128    0  1.001    5446637    1374034   9701  24252    142  0.76(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQa

303.9016 15.752 16.811  -63  0.920     239780      56802   6235  15587      9
Empc Correction     192128      53154   6235  15587      9

305.8987 15.737 16.811  -64  0.920     249518      69032   9701  24252      7  0.96(0.65-0.89)

303.9016 16.024 16.811  -47  0.936     290327      60267   6235  15587     10
305.8987 16.024 16.811  -47  0.936     365981      79811   9701  24252      8  0.79(0.65-0.89)

303.9016 16.251 16.811  -34  0.950     195253      52206   6235  15587      8
305.8987 16.236 16.811  -34  0.949     239022      58745   9701  24252      6  0.82(0.65-0.89)

303.9016 16.478 16.811  -20  0.963     212178      41586   6235  15587      7
Empc Correction     164006      25604   6235  15587      4

305.8987 16.478 16.811  -20  0.963     212996      33253   9701  24252      3  1.00(0.65-0.89)

303.9016 16.750 16.811   -4  0.979    1709651     463644   6235  15587     74 a
305.8987 16.750 16.811   -4  0.979    2089584     547015   9701  24252     56  0.82(0.65-0.89)

303.9016 17.551 16.811   44  1.026     304051      76632   6235  15587     12
305.8987 17.551 16.811   44  1.026     393857     103198   9701  24252     11  0.77(0.65-0.89)

303.9016 18.912 16.811  126  1.105     281375      53771   6235  15587      9
305.8987 18.912 16.811  126  1.105     340034      83122   9701  24252      9  0.83(0.65-0.89)
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDD
331.9368 17.808 17.793    1  1.011   52657790   12621993  19687  49217    641
333.9339 17.808 17.793    1  1.011   65732015   15242421  16054  40135    949  0.80(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.823 17.823    0  1.001    1075773     251489   5792  14480     43
321.8936 17.823 17.823    0  1.001    1316434     321888   3119   7797    103  0.82(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.823 17.823    0  1.012  106461715   25035397  20812  52030   1203

A Non-2,3,7,8-sub-TCDD

319.8965 16.705 17.249  -33  0.938     310326      84268   5792  14480     15
321.8936 16.705 17.249  -33  0.938     356605     106101   3119   7797     34  0.87(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.032 22.018    1  1.251   82153699   14825769  26309  65772    564
353.8970 22.032 22.018    1  1.251   52372803    9565867  17301  43252    553  1.57(1.32-1.78)

1,2,3,7,8-PeCDF RQ
339.8597 22.059 22.045    1  1.001     248669      38751   2352   5880     16

Empc Correction     211838      33335   2352   5880     14
341.8567 22.045 22.045    0  1.001     136670      21507   4994  12485      4  1.82(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.355 23.341    1  1.326   86796636   14735293  26309  65772    560
353.8970 23.355 23.341    1  1.326   55030018    9064570  17301  43252    524  1.58(1.32-1.78)

2,3,4,7,8-PeCDF RQM
339.8597 23.382 23.355    2  1.001     149378      27905   2352   5880     12
341.8567 23.368 23.355    1  1.001     124427      18931   4994  12485      4  1.20(1.32-1.78) M

Empc Correction      96372      18003   4994  12485      4

A F1 PeCDFs RQ

339.8597 19.199 19.774  -34  0.871     208517      44144   1723   4307     26
341.8567 19.199 19.774  -34  0.871     174403      20761   3677   9192      6  1.20(1.32-1.78)

Empc Correction     134527      28480   3677   9192      8

A Non-2,3,7,8-sub-PeCDF M

339.8597 20.736 22.858 -127  0.941     337152      51112   2352   5880     22
341.8567 20.736 22.858 -127  0.941     248440      39857   4994  12485      8  1.36(1.32-1.78) M

13C-1,2,3,7,8-PeCDD
367.8949 24.064 24.050    1  1.366   55784872    8408091   8531  21327    986
369.8919 24.050 24.050    0  1.366   33747302    5375148   7399  18497    726  1.65(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.077    4694   11735
357.8516 24.077    2129    5322

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 20.914 22.973 -123  0.869     157501      36258   4694  11735      8
357.8516 20.927 22.973 -122  0.870     211923      40454   2129   5322     19  0.74(1.32-1.78)

Empc Correction     101613      23392   2129   5322     11

355.8546 21.664 22.973  -78  0.900     329988      64496   4694  11735     14
357.8516 21.664 22.973  -78  0.900     210794      37516   2129   5322     18  1.57(1.32-1.78)

Page 227 of 1153



Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8-HxCDF
383.8639 30.193 30.193    0  0.945   40796601    6583146  15740  39350    418
385.8610 30.193 30.193    0  0.945   76474216   12796318  34522  86305    371  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF M
373.8208 30.206 30.206    0  1.000     222934      30004   3508   8770      9
375.8178 30.233 30.206    2  1.001     174766      24958   2966   7415      8  1.28(1.05-1.43) M

13C-1,2,3,6,7,8-HxCDF
383.8639 30.406 30.406    0  0.951   39983501    6651231  15740  39350    423
385.8610 30.406 30.406    0  0.951   78545966   12790679  34522  86305    371  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF M
373.8208 30.433 30.420    1  1.001     172400      30893   3508   8770      9
375.8178 30.420 30.420    0  1.000     146765      23890   2966   7415      8  1.17(1.05-1.43) M

13C-2,3,4,6,7,8-HxCDF
383.8639 31.312 31.312    0  0.980   38408301    8979132  15740  39350    570
385.8610 31.312 31.312    0  0.980   74200529   16662857  34522  86305    483  0.52(0.43-0.59)

2,3,4,6,7,8-HxCDF M
373.8208 31.338 31.325    1  1.001      95778      19283   3508   8770      5 M
375.8178 31.325 31.325    0  1.000      80382      17873   2966   7415      6  1.19(1.05-1.43) M

13C-1,2,3,7,8,9-HxCDF
383.8639 32.164 32.151    1  1.006   37089964    8893743  15740  39350    565
385.8610 32.151 32.151    0  1.006   69477710   16762419  34522  86305    486  0.53(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.164 32.164    0  1.000     123289      21916   3508   8770      6
375.8178 32.164 32.164    0  1.000      94691      18701   2966   7415      6  1.30(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF RQMa

373.8208 27.903 29.880 -118  0.924     338054      43626   3508   8770     12
375.8178 27.903 29.880 -118  0.924     262309      36244   2966   7415     12  1.29(1.05-1.43)

373.8208 29.234 29.880  -39  0.968     342897      43453   3508   8770     12
375.8178 29.208 29.880  -40  0.967     260055      33835   2966   7415     11  1.32(1.05-1.43)

373.8208 31.165 29.880   77  1.032     161224      36719   3508   8770     10 M
375.8178 31.165 29.880   77  1.032     175914      35107   2966   7415     12  0.92(1.05-1.43)

Empc Correction     130019      29612   2966   7415     10

13C-1,2,3,7,8,9-HxCDD
401.8559 31.964 31.964    0   97882540   23230223  20725  51812   1121
403.8529 31.964 31.964    0   76511738   18573897  17224  43060   1078  1.28(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.511 31.511    0  0.986   48955025   12359998  20725  51812    596
403.8529 31.511 31.511    0  0.986   37928688    9670807  17224  43060    561  1.29(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.525 31.525    0  1.000     125158      38158   2784   6960     14
391.8127 31.525 31.525    0  1.000     107351      32283   4094  10235      8  1.17(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 31.618 31.618    0  0.989   54052502   11930339  20725  51812    576
403.8529 31.618 31.618    0  0.989   43624495   10015230  17224  43060    581  1.24(1.05-1.43)

Page 228 of 1153



Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,6,7,8-HxCDD
389.8157 31.631 31.631    0  1.000     231880      48202   2784   6960     17
391.8127 31.631 31.631    0  1.000     192035      40943   4094  10235     10  1.21(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8157 31.977 31.977    0  1.015     380954      75248   2784   6960     27 M
391.8127 31.977 31.977    0  1.015     297839      56393   4094  10235     14  1.28(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD Ma

389.8157 29.061 30.519  -87  0.919    2975236     374050   2784   6960    134
391.8127 29.075 30.519  -87  0.920    2354294     308217   4094  10235     75  1.26(1.05-1.43)

389.8157 30.712 30.519   12  0.971     986417     180686   2784   6960     65
391.8127 30.699 30.519   11  0.971     827040     159270   4094  10235     39  1.19(1.05-1.43) M

389.8157 30.912 30.519   24  0.978     164879      31644   2784   6960     11 M
391.8127 30.912 30.519   24  0.978     139200      25633   4094  10235      6  1.18(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.628 33.628    0  1.052   22520420    7606890  34811  87027    219
419.8220 33.628 33.628    0  1.052   50833361   16430557  60119 150297    273  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7818 33.640 33.628    1  1.000     594471     187446  10422  26055     18 M
409.7789 33.640 33.628    1  1.000     570805     186886   3403   8507     55  1.04(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.697 34.697    0  1.086   24240239    7473518  34811  87027    215
419.8220 34.697 34.697    0  1.086   55442528   16475135  60119 150297    274  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF RQM
407.7818 34.709 34.709    0  1.000     213863      50541  10422  26055      5 M

Empc Correction     147449      47899  10422  26055      5
409.7789 34.709 34.709    0  1.000     141778      46057   3403   8507     14  1.51(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF M

407.7818 33.931 34.169  -14  1.009    1053066     307332  10422  26055     29
409.7789 33.931 34.169  -14  1.009    1019453     309870   3403   8507     91  1.03(0.88-1.20) M

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.418 34.418    0  1.077   38841477   11314727  25305  63262    447
437.8140 34.418 34.418    0  1.077   37439402   10972829  17918  44795    612  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.418 34.418    0  1.000    5655382    1703380  16472  41180    103
425.7737 34.418 34.418    0  1.000    5376529    1648940  15098  37745    109  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 33.871 34.144  -16  0.984   14478737    4495943  16472  41180    273
425.7737 33.871 34.144  -16  0.984   13628639    4355679  15098  37745    288  1.06(0.88-1.20)

13C-OCDD
469.7779 36.734 36.734    0  1.149   51020177   13123190   6642  16605   1976
471.7750 36.734 36.734    0  1.149   57773710   14753136   6512  16280   2266  0.88(0.76-1.02)

OCDF
441.7428 36.830 36.830    0  1.003    3416128     909096   2922   7305    311
443.7399 36.830 36.830    0  1.003    3988043    1060107   4426  11065    240  0.86(0.76-1.02)
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

OCDD
457.7377 36.746 36.746    0  1.000  157255283   40472416  15146  37865   2672
459.7348 36.746 36.746    0  1.000  173968378   45028806  11056  27640   4073  0.90(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Inject. Date: 19-Dec-2019 15:46:27 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDF, RT: 16.811

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.950 D 13C-2,3,7,8-TCDF                        100.000       166320094        42656398
Averages:

RRFn Qis Ris Area Ris Height
  0.950        100.000       166320094        42656398

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.752            239780             56802            249518             69032      0.3096 0.96 RQ
15.752            192128             53154            249518             69032      0.2795 Empc Correction
16.024            290327             60267            365981             79811      0.4153 0.79
16.251            195253             52206            239022             58745      0.2748 0.82
16.478            212178             41586            212996             33253      0.2690 1.00 RQ
16.478            164006             25604            212996             33253      0.2386 Empc Correction
16.750           1709651            463644           2089584            547015        2.40 0.82 a
17.551            304051             76632            393857            103198      0.4416 0.77
18.912            281375             53771            340034             83122      0.3932 0.83
Signal Totals:

          3136791            785278           3890992            974176
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          7123607           1779084 0.83 RQa
          7027783           1759454 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.508 = (7123607 * 100.000) / (166320094 * 0.950)
Empc Amount:          4.447 = (7027783 * 100.000) / (166320094 * 0.950)

Page 231 of 1153



Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Inject. Date: 19-Dec-2019 15:46:27 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 7

Non-2,3,7,8-sub-TCDD, RT: 17.249

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000       118389805        27864414
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000       118389805        27864414

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.705            310326             84268            356605            106101      0.5377 0.87
Signal Totals:

           310326             84268            356605            106101
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           666931            190369 0.87

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.5377 = (666931 * 100.000) / (118389805 * 1.048)
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Inject. Date: 19-Dec-2019 15:46:27 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 7

F1 PeCDFs, RT: 19.774

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030 D 13C-1,2,3,7,8-PeCDF                     100.000       134526502        24391636
  2,3,4,7,8-PeCDF                    1.041 D 13C-2,3,4,7,8-PeCDF                     100.000       141826654        23799863
Averages:

RRFn Qis Ris Area Ris Height
  1.036        100.000       138176578        24095749

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

19.199            208517             44144            174403             20761      0.2676 1.20 RQ
19.199            208517             44144            134527             28480      0.2397 Empc Correction
Signal Totals:

           208517             44144            134527             28480
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           382920             64905 1.20 RQ
           343044             72624 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2676 = (382920 * 100.000) / (138176578 * 1.036)
Empc Amount:         0.2397 = (343044 * 100.000) / (138176578 * 1.036)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Inject. Date: 19-Dec-2019 15:46:27 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 7

Non-2,3,7,8-sub-PeCDF, RT: 22.858

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030 D 13C-1,2,3,7,8-PeCDF                     100.000       134526502        24391636
  2,3,4,7,8-PeCDF                    1.041 D 13C-2,3,4,7,8-PeCDF                     100.000       141826654        23799863
Averages:

RRFn Qis Ris Area Ris Height
  1.036        100.000       138176578        24095749

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

20.736            337152             51112            248440             39857      0.4092 1.36 M
Signal Totals:

           337152             51112            248440             39857
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           585592             90969 1.36 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.4092 = (585592 * 100.000) / (138176578 * 1.036)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Inject. Date: 19-Dec-2019 15:46:27 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 7

Non-2,3,7,8-sub-PeCDD, RT: 22.973

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.086 D 13C-1,2,3,7,8-PeCDD                     100.000        89532174        13783239
Averages:

RRFn Qis Ris Area Ris Height
  1.086        100.000        89532174        13783239

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

20.914            157501             36258            211923             40454      0.3801 0.74 RQ
20.914            157501             36258            101613             23392      0.2666 Empc Correction
21.664            329988             64496            210794             37516      0.5564 1.57
Signal Totals:

           487489            100754            312407             60908
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           910206            178724 1.15 RQ
           799896            161662 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.9365 = (910206 * 100.000) / (89532174 * 1.086)
Empc Amount:         0.8230 = (799896 * 100.000) / (89532174 * 1.086)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Inject. Date: 19-Dec-2019 15:46:27 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 7

Non-2,3,7,8-sub-HxCDF, RT: 29.880

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.147 D 13C-1,2,3,4,7,8-HxCDF                   100.000       117270817        19379464
  1,2,3,6,7,8-HxCDF                  1.145 D 13C-1,2,3,6,7,8-HxCDF                   100.000       118529467        19441910
  2,3,4,6,7,8-HxCDF                  1.173 D 13C-2,3,4,6,7,8-HxCDF                   100.000       112608830        25641989
  1,2,3,7,8,9-HxCDF                  1.172 D 13C-1,2,3,7,8,9-HxCDF                   100.000       106567674        25656162
Averages:

RRFn Qis Ris Area Ris Height
  1.159        100.000       113744197        22529881

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

27.903            338054             43626            262309             36244      0.4554 1.29
29.234            342897             43453            260055             33835      0.4573 1.32
31.165            161224             36719            175914             35107      0.2557 0.92 RQMa
31.165            161224             36719            130019             29612      0.2209 Empc Correction
Signal Totals:

           842175            123798            652383             99691
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1540453            228984 1.21 RQMa
          1494558            223489 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.168 = (1540453 * 100.000) / (113744197 * 1.159)
Empc Amount:          1.134 = (1494558 * 100.000) / (113744197 * 1.159)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Inject. Date: 19-Dec-2019 15:46:27 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 7

Non-2,3,7,8-sub-HxCDD, RT: 30.519

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.093 D 13C-1,2,3,4,7,8-HxCDD                   100.000        86883713        22030805
  1,2,3,6,7,8-HxCDD                  1.043 D 13C-1,2,3,6,7,8-HxCDD                   100.000        97676997        21945569
  1,2,3,7,8,9-HxCDD                  1.207
Averages:

RRFn Qis Ris Area Ris Height
  1.115        100.000        92280355        21988187

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.061           2975236            374050           2354294            308217        5.18 1.26
30.712            986417            180686            827040            159270        1.76 1.19 M
30.912            164879             31644            139200             25633      0.2957 1.18 Ma
Signal Totals:

          4126532            586380           3320534            493120
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          7447066           1079500 1.24 Ma

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          7.241 = (7447066 * 100.000) / (92280355 * 1.115)

QC Flag Legend

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Inject. Date: 19-Dec-2019 15:46:27 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDF, RT: 34.169

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.480 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        73353781        24037447
  1,2,3,4,7,8,9-HpCDF                1.293 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        79682767        23948653
Averages:

RRFn Qis Ris Area Ris Height
  1.387        100.000        76518274        23993050

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

33.931           1053066            307332           1019453            309870        1.95 1.03 M
Signal Totals:

          1053066            307332           1019453            309870
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          2072519            617202 1.03 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.953 = (2072519 * 100.000) / (76518274 * 1.387)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Lims ID: 320-56953-A-1-A
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Inject. Date: 19-Dec-2019 15:46:27 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 7

Non-2,3,7,8-sub-HpCDD, RT: 34.144

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.054 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        76280879        22287556
Averages:

RRFn Qis Ris Area Ris Height
  1.054        100.000        76280879        22287556

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

33.871          14478737          4495943          13628639          4355679        35.0 1.06
Signal Totals:

         14478737          4495943          13628639          4355679
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         28107376          8851622 1.06

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         34.975 = (28107376 * 100.000) / (76280879 * 1.054)
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

2,3,4,7,8-PeCDF, CAS: 57117-31-4
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  23.35
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Manual Integration Results
RT:  23.37
Area: 124427
Amount:    0.185458
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:14:33
Audit Action: Manually Integrated Audit Reason: Assign Peak
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 20.42- 25.29)
Signal: 2

Processing Integration Results
RT = 20.736 Area = 273168
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Manual Integration Results
RT = 20.736 Area = 248440 M
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Reviewer: dadunj, 20-Dec-2019 14:14:44
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  30.23
Area: 180945
Amount:    0.300206
Amount Units: pg/ul

29.8 30.0 30.2 30.4 30.6
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

26

28

30

Y
 ( 

X
10

00
)

F3:m/z     375.8178:SG5Pt_x1

 3
0.

23
3

Manual Integration Results
RT:  30.23
Area: 174766
Amount:    0.295613
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:15:08
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  30.42
Area: 149863
Amount:    0.237447
Amount Units: pg/ul
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Manual Integration Results
RT:  30.42
Area: 146765
Amount:    0.235164
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:15:19
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 1

Processing Integration Results
RT:  31.34
Area: 74055
Amount:    0.090957
Amount Units: pg/ul

31.0 31.2 31.4 31.6 31.8
Min

1

4

7

10

13

16

19

22

25

28

31

34

37

40

Y
 ( 

X
10

00
)

F3:m/z     373.8208:SG5Pt_x1

 3
1.

33
8

Manual Integration Results
RT:  31.34
Area: 95778
Amount:    0.133411
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:15:55
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
RT:  31.32
Area: 46048
Amount:    0.090957
Amount Units: pg/ul
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Manual Integration Results
RT:  31.32
Area: 80382
Amount:    0.133411
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:15:57
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 27.47- 32.29)
Signal: 1

Processing Integration Results
RT = 31.165 Area = 154901
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Manual Integration Results
RT = 31.165 Area = 161224 M
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Reviewer: krenns, 22-Dec-2019 12:43:26
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: 
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  31.98
Area: 302232
Amount:    0.538602
Amount Units: pg/ul
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Manual Integration Results
RT:  31.98
Area: 380954
Amount:    0.609260
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:16:30
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 28.85- 32.19)
Signal: 2

Processing Integration Results
RT = 30.699 Area = 966240
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Manual Integration Results
RT = 30.699 Area = 827040 M
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Reviewer: dadunj, 20-Dec-2019 14:16:40
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

Non-2,3,7,8-sub-HxCDD, Signal: 1,   m/z: 389.8157, RT: ( 28.85- 32.19)
Signal: 1

Processing Integration Results
RT = 30.912 Area = 164879
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Manual Integration Results
RT = 30.912 Area = 164879
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Reviewer: dadunj, 20-Dec-2019 14:17:53
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  33.64
Area: 677337
Amount:    1.149411
Amount Units: pg/ul
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Manual Integration Results
RT:  33.64
Area: 594471
Amount:    1.073100
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:16:46
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  34.71
Area: 324830
Amount:    0.452783
Amount Units: pg/ul
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Manual Integration Results
RT:  34.71
Area: 213863
Amount:    0.345104
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:16:51
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Instrument ID: 3D5
Lims ID: 320-56953-A-1-A          Lab Sample ID: 320-56953-1              
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Operator ID:  AJS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7789, RT: ( 33.60- 34.74)
Signal: 2

Processing Integration Results
RT = 33.931 Area = 1080026
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Manual Integration Results
RT = 33.931 Area = 1019453 M
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Reviewer: dadunj, 20-Dec-2019 14:16:54
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 22-Dec-2019 12:44:04 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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13C-2,3,7,8-TCDD
          17.81

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
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3
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00
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.61

13C-2,3,7,8-TCDD
          17.81
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

4

8

12

16

20

24

28

32

36

40

44

48

52

56

60

Y
 ( 

X
10
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F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  19.20
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F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  19.20
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Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0
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18

24
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48
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Y
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X
10

00
)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  19.20

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
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0
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Y
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F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  19.20

F1 PeCDFs Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-2

1

4

7

10

13

16

19

22
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Y
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X
10

00
)

F1:m/z     409.7974:SG5Pt_x1

15.42
15.99

17.81

14.77

15.62
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Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

8

16

24

32

40

48

56
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Y
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X
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00
)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          20.74
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Y
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F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          20.74

PeCDF Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
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F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.03

22.55
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F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.03

22.56
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Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

6

12

18

24
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36

42

48

54

60

Y
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X
10

00
)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          20.74

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
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1

6

11

16
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Y
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X
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)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          20.74

PeCDF Interference Mass

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min
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5
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Y
 ( 

X
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)

F2:m/z     409.7974:SG5Pt_x1
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22.89
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0
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Y
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X
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)

F2:m/z     355.8546:SG5Pt_x1

Non-2,3,7,8-sub-PeCDD
          21.66

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F2:m/z     357.8516:SG5Pt_x1

PeCDD Standards
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F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.06

22.05
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F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.05
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Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

9

18

27

36

45

54

63

Y
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X
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00
)

F3:m/z     373.8208:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          27.90 Non-2,3,7,8-sub-HxCDF

          31.17
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F3:m/z     375.8178:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          27.90 Non-2,3,7,8-sub-HxCDF

          31.17

1,2,3,7,8,9-HxCDF
          32.16

HxCDF Standards
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F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.16
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F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.15
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Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

6

12

18

24
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42

48

54
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Y
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X
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00
)

F3:m/z     373.8208:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          27.90

Non-2,3,7,8-sub-HxCDF
          31.17

1,2,3,7,8,9-HxCDF
          32.16
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F3:m/z     375.8178:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          27.90 Non-2,3,7,8-sub-HxCDF

          31.17

1,2,3,7,8,9-HxCDF
          32.16

HxCDF Interference Mass
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F3:m/z     445.7555:SG5Pt_x1
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31.14
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Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
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F3:m/z     389.8157:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.06

Non-2,3,7,8-sub-HxCDD
          30.71
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          29.07
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          30.70 32.30

HxCDD Standards
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F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.96
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F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.96
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Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min
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12
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24
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36

Y
 ( 

X
10

00
0)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.93

1,2,3,4,6,7,8-HpCDF
          33.64

1,2,3,4,7,8,9-HpCDF
          34.7133.54
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F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.93

1,2,3,4,6,7,8-HpCDF
          33.64

1,2,3,4,7,8,9-HpCDF
          34.7133.53 33.81

HpCDF Standards
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F4:m/z     417.8253:SG5Pt_x1
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          33.63
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F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,7,8,9-HpCDF
          34.70

13C-1,2,3,4,6,7,8-HpCDF
          33.63
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Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
0)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.93

1,2,3,4,6,7,8-HpCDF
          33.64

1,2,3,4,7,8,9-HpCDF
          34.71

33.54
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Non-2,3,7,8-sub-HpCDF
          33.93

1,2,3,4,6,7,8-HpCDF
          33.64

1,2,3,4,7,8,9-HpCDF
          34.71

33.53 33.81

HpCDF Interference Mass
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Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min
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F4:m/z     423.7766:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          33.87

1,2,3,4,6,7,8-HpCDD
          34.42
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F4:m/z     425.7737:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          33.87

1,2,3,4,6,7,8-HpCDD
          34.42

HpCDD Standards
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F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.42
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F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.42
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Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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Report Date: 22-Dec-2019 12:44:05 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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OCDF Interference Mass

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-3

1

5

9

13

17

21

25

29

33

37

41

Y
 ( 

X
10

00
)

F5:m/z     513.6775:SG5Pt_x1

36.85

46.08

36.37
36.99
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Report Date: 22-Dec-2019 12:44:05 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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Report Date: 22-Dec-2019 12:44:05 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 22-Dec-2019 12:44:05 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_7.d
Injection Date: 19-Dec-2019 15:46:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346752 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
7(0-1) RA

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-1 RA

Eurofins TestAmerica, Sacramento

Matrix: 19DE19A11D2_009.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  21:19

Low2(uL)

20(uL)

% Moisture: 56.6

Sample wt/vol: 10.31(g)

N

Analysis Batch No.: 346764 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

2.2 0.3051207-31-9 2,3,7,8-TCDF 28

%RECCAS NO. LIMITSQISOTOPE DILUTION

68 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

103 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:38:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_009.d
Lims ID: 320-56953-A-1-A          
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Sample Type: Client
Inject. Date: 19-Dec-2019 21:19:38 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-1-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:17

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.379  196324304 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.558  177806791 0.79   1.3379        67.7        67.7   0.2047   0.2047  67.69
  2,3,7,8-TCDF 16.586    9455757 0.76   0.8389       6.339       6.339   0.0680   0.0680
D 13C-2,3,7,8-TCDD 15.132  115089426 0.78   0.9388        62.4        62.4   0.5728   0.5728  62.44
  2,3,7,8-TCDD 15.159    2843271 0.70   1.1538       2.141       2.141   0.0693   0.0693
$ 37Cl4-2,3,7,8-TCDD 15.145   95463997   1.1816        41.2        41.2   0.0505   0.0505    103

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 20-Dec-2019 14:38:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_009.d
Lims ID: 320-56953-A-1-A          
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Sample Type: Client
Inject. Date: 19-Dec-2019 21:19:38 ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-1-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:17

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.379 15.376    0   86095538   18567976  48420 121050    383
333.9339 15.379 15.376    0  110228766   23422981  41900 104750    559  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.558 16.556    0  1.077   78458437   15409135  26527  66317    581
317.9389 16.558 16.556    0  1.077   99348354   19048144  19468  48670    978  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.586 16.570    1  1.002    4077343     808717   3129   7822    258
305.8987 16.586 16.570    1  1.002    5378414    1026359   4736  11840    217  0.76(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.132 15.116    1  0.984   50311358   11218513  48420 121050    232
333.9339 15.132 15.116    1  0.984   64778068   14340638  41900 104750    342  0.78(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.159 15.143    1  1.002    1173638     240317   4769  11922     50
321.8936 15.145 15.143    0  1.001    1669633     341948   3400   8500    101  0.70(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.145 15.143    0  0.985   95463997   20493136  10029  25072   2043

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 20-Dec-2019 14:38:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_009.d
Injection Date: 19-Dec-2019 21:19:38 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346764 Sample Line#: 9
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 20-Dec-2019 14:38:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_009.d
Injection Date: 19-Dec-2019 21:19:38 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346764 Sample Line#: 9
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
0)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 20-Dec-2019 14:38:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_009.d
Injection Date: 19-Dec-2019 21:19:38 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346764 Sample Line#: 9
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 20-Dec-2019 14:38:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_009.d
Injection Date: 19-Dec-2019 21:19:38 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(0-1)
Worklist#: 346764 Sample Line#: 9
Column Type: DB-225 Column Dia:  0.32 mm
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
7(1-2)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-2

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_8.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  16:33

Low2(uL)

20(uL)

% Moisture: 35.6

Sample wt/vol: 10.25(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.5 0.18J1746-01-6 2,3,7,8-TCDD 1.1

7.6 0.2840321-76-4 1,2,3,7,8-PeCDD ND

7.6 0.1657117-41-6 1,2,3,7,8-PeCDF ND

7.6 0.1657117-31-4 2,3,4,7,8-PeCDF ND

7.6 0.19J q39227-28-6 1,2,3,4,7,8-HxCDD 0.40

7.6 0.20J57653-85-7 1,2,3,6,7,8-HxCDD 0.59

7.6 0.17J19408-74-3 1,2,3,7,8,9-HxCDD 1.3

7.6 0.1270648-26-9 1,2,3,4,7,8-HxCDF ND

7.6 0.12J q57117-44-9 1,2,3,6,7,8-HxCDF 0.15

7.6 0.09772918-21-9 1,2,3,7,8,9-HxCDF ND

7.6 0.09360851-34-5 2,3,4,6,7,8-HxCDF ND

7.6 0.54B35822-46-9 1,2,3,4,6,7,8-HpCDD 16

7.6 0.19J B67562-39-4 1,2,3,4,6,7,8-HpCDF 0.64

7.6 0.2155673-89-7 1,2,3,4,7,8,9-HpCDF ND

15 0.48B3268-87-9 OCDD 430

15 0.27J B39001-02-0 OCDF 5.4

1.5 0.18q41903-57-5 Total TCDD 3.8

1.5 0.12q30402-14-3 Total TCDF 3.1

7.6 0.28J q36088-22-9 Total PeCDD 4.2

7.6 0.1730402-15-4 Total PeCDF ND

7.6 0.19q34465-46-8 Total HxCDD 20

7.6 0.11J q55684-94-1 Total HxCDF 0.15

7.6 0.54B37871-00-4 Total HpCDD 75

7.6 0.20J q B38998-75-3 Total HpCDF 1.5

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
7(1-2)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-2

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_8.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  16:33

Low2(uL)

20(uL)

% Moisture: 35.6

Sample wt/vol: 10.25(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

61 25-16476523-40-5 13C-2,3,7,8-TCDD

63 24-16989059-46-1 13C-2,3,7,8-TCDF

59 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

58 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

62 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

65 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

62 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

63 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

60 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

60 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

61 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

61 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

55 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

67 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

60 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

104 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Lims ID: 320-56953-A-2-A          
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Sample Type: Client
Inject. Date: 19-Dec-2019 16:33:59 ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-2-A  320-56953-A-2-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 22-Dec-2019 12:45:56 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: dadunj Date: 20-Dec-2019 14:21:03

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.612  206281513 0.82  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.113  182639822 0.82   1.4157        62.5        62.5   0.1327   0.1327  62.54
  2,3,7,8-TCDF 17.128    1133195 0.77   0.9502      0.6530      0.6530   0.0404   0.0404  M
A Non-2,3,7,8-sub-TCDF 16.811     656035 0.77   0.9502      0.3900      0.3780   0.0404   0.3072  RQMa
S Total TCDF       1.043       1.031   0.0404   0.0404  RQ

D 13C-2,3,7,8-TCDD 17.808  123554781 0.77   0.9751        61.4        61.4   0.1836   0.1836  61.43
  2,3,7,8-TCDD 17.808     480496 0.84   1.0477      0.3712      0.3712   0.0610   0.0610
$ 37Cl4-2,3,7,8-TCDD 17.823  115412494   1.3480        41.5        41.5   0.1030   0.1030    104

A Non-2,3,7,8-sub-TCDD 17.249    1132582 0.77   1.0477       1.065      0.8749   0.0610   0.3524  RQ
S Total TCDD       1.436       1.246   0.0610   0.0610  RQ

D 13C-1,2,3,7,8-PeCDF 22.032  140588769 1.62   1.1786        57.8        57.8   0.1531   0.1531  57.83
  1,2,3,7,8-PeCDF 22.045   0.0522   0.0522
D 13C-2,3,4,7,8-PeCDF 23.341  145025384 1.61   1.1308        62.2        62.2   0.1596   0.1596  62.17
  2,3,4,7,8-PeCDF 23.355   0.0528   0.0528
A F1 PeCDFs 19.774   0.0551   0.0551
A Non-2,3,7,8-sub-PeCDF 22.858   0.0525   0.0525
S Total PeCDF   0.0551   0.0551

D 13C-1,2,3,7,8-PeCDD 24.050   91997844 1.59   0.7572        58.9        58.9   0.1049   0.1049  58.90
  1,2,3,7,8-PeCDD 24.077   0.0941   0.0941
A Non-2,3,7,8-sub-PeCDD 22.973    1400383 1.55   1.0855       1.492       1.402   0.0941   0.6451  RQ
S Total PeCDD       1.492       1.402   0.0941   0.0941  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.193  124157343 0.52   1.1043        63.2        63.2   0.2600   0.2600  63.20
  1,2,3,4,7,8-HxCDF 30.206   0.0412   0.0412
D 13C-1,2,3,6,7,8-HxCDF 30.406  122235087 0.50   1.1470        59.9        59.9   0.2503   0.2503  59.90
  1,2,3,6,7,8-HxCDF 30.433      70242 1.24   1.1450      0.0547      0.0502   0.0410   0.0410  RQ
D 13C-2,3,4,6,7,8-HxCDF 31.312  116964487 0.53   1.0769        61.1        61.1   0.2666   0.2666  61.05
  2,3,4,6,7,8-HxCDF 31.325   0.0309   0.0309
D 13C-1,2,3,7,8,9-HxCDF 32.164  107304546 0.52   1.0115        59.6        59.6   0.2838   0.2838  59.63
  1,2,3,7,8,9-HxCDF 32.164   0.0320   0.0320
A Non-2,3,7,8-sub-HxCDF 29.880   0.0357   0.0357
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF      0.0547      0.0502   0.0363   0.0363  RQ

* 13C-1,2,3,7,8,9-HxCDD 31.964  177904020 1.29  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.511   91805884 1.28   0.7962        64.8        64.8   0.2855   0.2855  64.81
  1,2,3,4,7,8-HxCDD 31.538     133911 1.24   1.0934      0.1471      0.1334   0.0625   0.0625  RQ
D 13C-1,2,3,6,7,8-HxCDD 31.631   96038284 1.30   0.8720        61.9        61.9   0.2607   0.2607  61.91
  1,2,3,6,7,8-HxCDD 31.645     196150 1.19   1.0429      0.1958      0.1958   0.0671   0.0671
  1,2,3,7,8,9-HxCDD 31.964     492322 1.40   1.2073      0.4342      0.4342   0.0573   0.0573  M
A Non-2,3,7,8-sub-HxCDD 30.519    6278274 1.28   1.1145       5.998       5.998   0.0621    4.825  M
S Total HxCDD       6.775       6.761   0.0623   0.0623  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.628   74050863 0.44   0.7577        54.9        54.9   0.7315   0.7315  54.94
  1,2,3,4,6,7,8-HpCDF 33.640     233300 0.98   1.4804      0.2128      0.2128   0.0623   0.0623  M
D 13C-1,2,3,4,7,8,9-HpCDF 34.697   82317289 0.44   0.6941        66.7        66.7   0.7984   0.7984  66.66
  1,2,3,4,7,8,9-HpCDF 34.709   0.0707   0.0707
A Non-2,3,7,8-sub-HpCDF 34.169     299867 1.04   1.3868      0.2998      0.2766   0.0662   0.2766  RQ
S Total HpCDF      0.5126      0.4894   0.0665   0.0665  RQ

D 13C-1,2,3,4,6,7,8-HpCDD 34.417   76193055 1.00   0.7058        60.7        60.7   0.3141   0.3141  60.68
  1,2,3,4,6,7,8-HpCDD 34.430    4335455 1.08   1.0535       5.401       5.401   0.1786   0.1786
A Non-2,3,7,8-sub-HpCDD 34.144   15452879 1.08   1.0535        19.3        19.3   0.1786     19.3
S Total HpCDD        24.7        24.7   0.1786   0.1786

D 13C-OCDD 36.734   98699558 0.91   0.4603       120.5       120.5   0.1740   0.1740  60.27
  OCDF 36.841    1237877 0.90   1.3945       1.799       1.799   0.0892   0.0892
  OCDD 36.746   79662347 0.90   1.1362       142.1       142.1   0.1579   0.1579

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Lims ID: 320-56953-A-2-A          
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Sample Type: Client
Inject. Date: 19-Dec-2019 16:33:59 ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-2-A  320-56953-A-2-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 22-Dec-2019 12:45:56 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: dadunj Date: 20-Dec-2019 14:21:03

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.612 17.612    0   92643769   23584995  19467  48667   1212
333.9339 17.612 17.612    0  113637744   29114294  18265  45662   1594  0.82(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.113 17.113    0  0.972   82021045   20363427  22455  56137    907
317.9389 17.113 17.113    0  0.972  100618777   25789420  17142  42855   1504  0.82(0.65-0.89)

2,3,7,8-TCDF M
303.9016 17.128 17.128    0  1.001     493679     116943   3209   8022     36 M
305.8987 17.128 17.128    0  1.001     639516     155585   3876   9690     40  0.77(0.65-0.89) M

A Non-2,3,7,8-sub-TCDF RQMa

303.9016 15.253 16.811  -93  0.891      53480      13131   3209   8022      4 a
305.8987 15.238 16.811  -94  0.890      90195      17145   3876   9690      4  0.59(0.65-0.89)

Empc Correction      69454      17053   3876   9690      4

303.9016 16.750 16.811   -4  0.979     251361      60180   3209   8022     19 M
305.8987 16.750 16.811   -4  0.979     281740      67814   3876   9690     17  0.89(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.808 17.793    1  1.011   53684821   12184533  19467  48667    626
333.9339 17.793 17.793    0  1.010   69869960   16188221  18265  45662    886  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.808 17.823   -1  1.000     219276      46129   4832  12080     10
321.8936 17.808 17.823   -1  1.000     261220      64887   2419   6047     27  0.84(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.823 17.823    0  1.012  115412494   27154695  29275  73187    928

A Non-2,3,7,8-sub-TCDD RQ
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 15.918 17.249  -80  0.894      85395      19808   4832  12080      4
321.8936 15.918 17.249  -80  0.894     107836      26202   2419   6047     11  0.79(0.65-0.89)

319.8965 16.705 17.249  -33  0.938     200694      47127   4832  12080     10
321.8936 16.705 17.249  -33  0.938     255447      55606   2419   6047     23  0.79(0.65-0.89)

319.8965 17.113 17.249   -8  0.961     181326      39041   4832  12080      8
Empc Correction      28742       9487   4832  12080      2

321.8936 17.098 17.249   -9  0.960      37328      12322   2419   6047      5  4.86(0.65-0.89)

319.8965 17.581 17.249   20  0.987     116262      23043   4832  12080      5
Empc Correction      78884      16623   4832  12080      3

321.8936 17.566 17.249   19  0.986     102448      21589   2419   6047      9  1.13(0.65-0.89)

319.8965 17.702 17.249   27  0.994     158752      40697   4832  12080      8
Empc Correction     102583      26535   4832  12080      5

321.8936 17.718 17.249   28  0.995     133225      34462   2419   6047     14  1.19(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.032 22.018    1  1.251   86868004   15371672  21462  53655    716
353.8970 22.032 22.018    1  1.251   53720765    9482956  16579  41447    572  1.62(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.045    1988    4970
341.8567 22.045    3361    8402

13C-2,3,4,7,8-PeCDF
351.9000 23.341 23.341    0  1.325   89478040   14926875  21462  53655    696
353.8970 23.341 23.341    0  1.325   55547344    9420821  16579  41447    568  1.61(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.355    1988    4970
341.8567 23.355    3361    8402

A F1 PeCDFs
339.8597 19.774    1588    3970
341.8567 19.774    4030   10075

A Non-2,3,7,8-sub-PeCDF
339.8597 22.858    1988    4970
341.8567 22.858    3361    8402

13C-1,2,3,7,8-PeCDD
367.8949 24.050 24.050    0  1.366   56493313    8973023  10731  26827    836
369.8919 24.050 24.050    0  1.366   35504531    5384700   6011  15027    896  1.59(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.077    4057   10142
357.8516 24.077    1811    4527

A Non-2,3,7,8-sub-PeCDD RQ

355.8546 20.927 22.973 -122  0.870     313985      55349   4057  10142     14
Empc Correction     262543      52217   4057  10142     13

357.8516 20.914 22.973 -123  0.870     169383      33689   1811   4527     19  1.85(1.32-1.78)

355.8546 21.664 22.973  -78  0.901     385271      75162   4057  10142     19
357.8516 21.650 22.973  -79  0.900     258955      47690   1811   4527     26  1.49(1.32-1.78)

355.8546 23.109 22.973    8  0.961     197082      28489   4057  10142      7
357.8516 23.109 22.973    8  0.961     165188      18878   1811   4527     10  1.19(1.32-1.78)

Empc Correction     127149      18380   1811   4527     10
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8-HxCDF
383.8639 30.193 30.193    0  0.945   42215239    6909484  16834  42085    410
385.8610 30.193 30.193    0  0.945   81942104   13651733  31744  79360    430  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.206    2033    5082
375.8178 30.206    1858    4645

13C-1,2,3,6,7,8-HxCDF
383.8639 30.406 30.406    0  0.951   40766999    7021341  16834  42085    417
385.8610 30.406 30.406    0  0.951   81468088   13706781  31744  79360    432  0.50(0.43-0.59)

1,2,3,6,7,8-HxCDF RQ
373.8208 30.433 30.420    1  1.001      38884      10369   2033   5082      5
375.8178 30.433 30.420    1  1.001      37734       6876   1858   4645      4  1.03(1.05-1.43)

Empc Correction      31358       8362   1858   4645      5

13C-2,3,4,6,7,8-HxCDF
383.8639 31.312 31.312    0  0.980   40474610    9360228  16834  42085    556
385.8610 31.312 31.312    0  0.980   76489877   17515550  31744  79360    552  0.53(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.325    2033    5082
375.8178 31.325    1858    4645

13C-1,2,3,7,8,9-HxCDF
383.8639 32.164 32.151    1  1.006   36492449    8954800  16834  42085    532
385.8610 32.164 32.151    1  1.006   70812097   17006661  31744  79360    536  0.52(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.164    2033    5082
375.8178 32.164    1858    4645

A Non-2,3,7,8-sub-HxCDF
373.8208 29.880    2033    5082
375.8178 29.880    1858    4645

13C-1,2,3,7,8,9-HxCDD
401.8559 31.964 31.964    0  100163769   23695645  20431  51077   1160
403.8529 31.964 31.964    0   77740251   18611463  18037  45092   1032  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.511 31.511    0  0.986   51451965   12741503  20431  51077    624
403.8529 31.511 31.511    0  0.986   40353919   10218854  18037  45092    567  1.28(1.05-1.43)

1,2,3,4,7,8-HxCDD RQ
389.8157 31.538 31.525    1  1.001      87842      23369   3010   7525      8

Empc Correction      74129      17037   3010   7525      6
391.8127 31.524 31.525    0  1.000      59782      13740   3271   8177      4  1.47(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 31.631 31.618    1  0.990   54292929   12715159  20431  51077    622
403.8529 31.631 31.618    1  0.990   41745355    9729285  18037  45092    539  1.30(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.645 31.631    1  1.000     106592      21992   3010   7525      7
391.8127 31.631 31.631    0  1.000      89558      24779   3271   8177      8  1.19(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8157 31.964 31.977   -1  1.014     287033      47080   3010   7525     16
391.8127 31.964 31.977   -1  1.014     205289      34799   3271   8177     11  1.40(1.05-1.43) M
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HxCDD M

389.8157 29.074 30.519  -87  0.919    2821468     343303   3010   7525    114
391.8127 29.061 30.519  -87  0.919    2229214     268488   3271   8177     82  1.27(1.05-1.43)

389.8157 30.712 30.519   12  0.971     702049     121297   3010   7525     40
391.8127 30.699 30.519   11  0.971     525543      87064   3271   8177     27  1.34(1.05-1.43) M

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.628 33.628    0  1.052   22525870    7575433  34729  86822    218
419.8220 33.628 33.628    0  1.052   51524993   16718210  59057 147642    283  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7818 33.640 33.628    1  1.000     115512      33803   6692  16730      5 M
409.7789 33.640 33.628    1  1.000     117788      31289   2277   5692     14  0.98(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.697 34.697    0  1.086   25236125    7598417  34729  86822    219
419.8220 34.697 34.697    0  1.086   57081164   16935796  59057 147642    287  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.709    6692   16730
409.7789 34.709    2277    5692

A Non-2,3,7,8-sub-HpCDF RQ

407.7818 33.944 34.169  -13  1.009     178068      43271   6692  16730      6
Empc Correction     152873      42148   6692  16730      6

409.7789 33.931 34.169  -14  1.009     146994      40527   2277   5692     18  1.21(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.417 34.418    0  1.077   38146347   11596199  20172  50430    575
437.8140 34.417 34.418    0  1.077   38046708   11683947  17340  43350    674  1.00(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.430 34.418    1  1.000    2251547     724096   9883  24707     73
425.7737 34.430 34.418    1  1.000    2083908     664923   7639  19097     87  1.08(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 33.883 34.144  -16  0.984    8025300    2612828   9883  24707    264
425.7737 33.883 34.144  -16  0.984    7427579    2332577   7639  19097    305  1.08(0.88-1.20)

13C-OCDD
469.7779 36.734 36.734    0  1.149   46920570   12172933   8265  20662   1473
471.7750 36.734 36.734    0  1.149   51778988   13319242   5291  13227   2517  0.91(0.76-1.02)

OCDF
441.7428 36.841 36.830    1  1.003     586592     144253   2304   5760     63
443.7399 36.841 36.830    1  1.003     651285     161925   4041  10102     40  0.90(0.76-1.02)

OCDD
457.7377 36.746 36.746    0  1.000   37794200   10041915   4126  10315   2434
459.7348 36.746 36.746    0  1.000   41868147   11114020   5019  12547   2214  0.90(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
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Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Lims ID: 320-56953-A-2-A
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Inject. Date: 19-Dec-2019 16:33:59 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDF, RT: 16.811

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.950 D 13C-2,3,7,8-TCDF                        100.000       182639822        46152847
Averages:

RRFn Qis Ris Area Ris Height
  0.950        100.000       182639822        46152847

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.253             53480             13131             90195             17145      0.0828 0.59 RQa
15.253             53480             13131             69454             17053      0.0708 Empc Correction
16.750            251361             60180            281740             67814      0.3072 0.89 Ma
Signal Totals:

           304841             73311            351194             84867
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           676776            158270 0.82 RQMa
           656035            158178 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3900 = (676776 * 100.000) / (182639822 * 0.950)
Empc Amount:         0.3780 = (656035 * 100.000) / (182639822 * 0.950)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Lims ID: 320-56953-A-2-A
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Inject. Date: 19-Dec-2019 16:33:59 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 8

Non-2,3,7,8-sub-TCDD, RT: 17.249

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000       123554781        28372754
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000       123554781        28372754

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

15.918             85395             19808            107836             26202      0.1493 0.79
16.705            200694             47127            255447             55606      0.3524 0.79
17.113            181326             39041             37328             12322      0.1689 4.86 RQ
17.113             28742              9487             37328             12322      0.0510 Empc Correction
17.581            116262             23043            102448             21589      0.1690 1.13 RQ
17.581             78884             16623            102448             21589      0.1401 Empc Correction
17.702            158752             40697            133225             34462      0.2256 1.19 RQ
17.702            102583             26535            133225             34462      0.1822 Empc Correction
Signal Totals:

           496298            119580            636284            150181
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1378713            319897 1.17 RQ
          1132582            269761 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.065 = (1378713 * 100.000) / (123554781 * 1.048)
Empc Amount:         0.8749 = (1132582 * 100.000) / (123554781 * 1.048)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Page 293 of 1153



Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Lims ID: 320-56953-A-2-A
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Inject. Date: 19-Dec-2019 16:33:59 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 8

Non-2,3,7,8-sub-PeCDD, RT: 22.973

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.086 D 13C-1,2,3,7,8-PeCDD                     100.000        91997844        14357723
Averages:

RRFn Qis Ris Area Ris Height
  1.086        100.000        91997844        14357723

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

20.927            313985             55349            169383             33689      0.4840 1.85 RQ
20.927            262543             52217            169383             33689      0.4325 Empc Correction
21.664            385271             75162            258955             47690      0.6451 1.49
23.109            197082             28489            165188             18878      0.3628 1.19 RQ
23.109            197082             28489            127149             18380      0.3247 Empc Correction
Signal Totals:

           844896            155868            555487             99759
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1489864            259257 1.51 RQ
          1400383            255627 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.492 = (1489864 * 100.000) / (91997844 * 1.086)
Empc Amount:          1.402 = (1400383 * 100.000) / (91997844 * 1.086)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Lims ID: 320-56953-A-2-A
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Inject. Date: 19-Dec-2019 16:33:59 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 8

Non-2,3,7,8-sub-HxCDD, RT: 30.519

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.093 D 13C-1,2,3,4,7,8-HxCDD                   100.000        91805884        22960357
  1,2,3,6,7,8-HxCDD                  1.043 D 13C-1,2,3,6,7,8-HxCDD                   100.000        96038284        22444444
  1,2,3,7,8,9-HxCDD                  1.207
Averages:

RRFn Qis Ris Area Ris Height
  1.115        100.000        93922084        22702400

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.074           2821468            343303           2229214            268488        4.82 1.27
30.712            702049            121297            525543             87064        1.17 1.34 M
Signal Totals:

          3523517            464600           2754757            355552
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          6278274            820152 1.28 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.998 = (6278274 * 100.000) / (93922084 * 1.115)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Lims ID: 320-56953-A-2-A
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Inject. Date: 19-Dec-2019 16:33:59 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDF, RT: 34.169

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.480 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        74050863        24293643
  1,2,3,4,7,8,9-HpCDF                1.293 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        82317289        24534213
Averages:

RRFn Qis Ris Area Ris Height
  1.387        100.000        78184076        24413928

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

33.944            178068             43271            146994             40527      0.2998 1.21 RQ
33.944            152873             42148            146994             40527      0.2766 Empc Correction
Signal Totals:

           152873             42148            146994             40527
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           325062             83798 1.21 RQ
           299867             82675 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2998 = (325062 * 100.000) / (78184076 * 1.387)
Empc Amount:         0.2766 = (299867 * 100.000) / (78184076 * 1.387)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Lims ID: 320-56953-A-2-A
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Inject. Date: 19-Dec-2019 16:33:59 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 8

Non-2,3,7,8-sub-HpCDD, RT: 34.144

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.054 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        76193055        23280146
Averages:

RRFn Qis Ris Area Ris Height
  1.054        100.000        76193055        23280146

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

33.883           8025300           2612828           7427579           2332577        19.3 1.08
Signal Totals:

          8025300           2612828           7427579           2332577
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         15452879          4945405 1.08

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         19.251 = (15452879 * 100.000) / (76193055 * 1.054)
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Instrument ID: 3D5
Lims ID: 320-56953-A-2-A          Lab Sample ID: 320-56953-2              
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 2

Processing Integration Results
RT:  17.13
Area: 692736
Amount:    0.692929
Amount Units: pg/ul
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Manual Integration Results
RT:  17.13
Area: 639516
Amount:    0.652979
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:18:56
Audit Action: Manually Integrated Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Instrument ID: 3D5
Lims ID: 320-56953-A-2-A          Lab Sample ID: 320-56953-2              
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDF, CAS: 51207-31-9
Signal: 1

Processing Integration Results
RT:  17.13
Area: 509790
Amount:    0.692929
Amount Units: pg/ul
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Manual Integration Results
RT:  17.13
Area: 493679
Amount:    0.652979
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:19:01
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Instrument ID: 3D5
Lims ID: 320-56953-A-2-A          Lab Sample ID: 320-56953-2              
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDF, Signal: 1,   m/z: 303.9016, RT: ( 14.69- 18.93)
Signal: 1

Processing Integration Results
RT = 16.750 Area = 291086
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Manual Integration Results
RT = 16.750 Area = 251361 M
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Reviewer: krenns, 22-Dec-2019 12:44:51
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Instrument ID: 3D5
Lims ID: 320-56953-A-2-A          Lab Sample ID: 320-56953-2              
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  31.96
Area: 245327
Amount:    0.469475
Amount Units: pg/ul
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Manual Integration Results
RT:  31.96
Area: 205289
Amount:    0.434166
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:19:54
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:46:02 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Instrument ID: 3D5
Lims ID: 320-56953-A-2-A          Lab Sample ID: 320-56953-2              
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 28.85- 32.19)
Signal: 2

Processing Integration Results
RT = 30.699 Area = 573880
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Manual Integration Results
RT = 30.699 Area = 525543 M
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Instrument ID: 3D5
Lims ID: 320-56953-A-2-A          Lab Sample ID: 320-56953-2              
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Operator ID:  AJS ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  33.64
Area: 141139
Amount:    0.236201
Amount Units: pg/ul
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Manual Integration Results
RT:  33.64
Area: 115512
Amount:    0.212823
Amount Units: pg/ul
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Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
)

F2:m/z     339.8597:SG5Pt_x1

22.05

20.72

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

1

3

5

7

9

11

13

15

17

19

21

23

Y
 ( 

X
10

00
)

F2:m/z     341.8567:SG5Pt_x1

PeCDF Interference Mass
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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HxCDF Interference Mass
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33.16
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F3:m/z     389.8157:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          29.07

Non-2,3,7,8-sub-HxCDD
          30.71

32.1631.31

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          29.06

Non-2,3,7,8-sub-HxCDD
          30.70

30.27 30.95 32.15

HxCDD Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

27

31

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.96

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.96
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

1

9

17

25

33

41

49

57

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.94

33.85

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          33.93

34.70

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

12

25

38

51

64

77

90

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,7,8,9-HpCDF
          34.70

13C-1,2,3,4,6,7,8-HpCDF
          33.63

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,7,8,9-HpCDF
          34.70

13C-1,2,3,4,6,7,8-HpCDF
          33.63
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

1

7

13

19

25

31

37

43

49

55

61

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.94

1,2,3,4,6,7,8-HpCDF
          33.64

33.85

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

5

10

15

20

25

30

35

40

45

50

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.93

1,2,3,4,6,7,8-HpCDF
          33.64

34.70

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
00

)

F4:m/z     423.7766:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          33.88

1,2,3,4,6,7,8-HpCDD
          34.43

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          33.88

1,2,3,4,6,7,8-HpCDD
          34.43

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.42

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.42
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  36.84

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.84

OCDF Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.73

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.73

37.21 37.50
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.84

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.84

OCDF Interference Mass

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

2

5

8

11

14

17

20

23

26

29

32

Y
 ( 

X
10

00
)

F5:m/z     513.6775:SG5Pt_x1

36.66 38.24

39.25
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.75

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.75

OCDD Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.73

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.73

37.21 37.50
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 22-Dec-2019 12:46:03 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_8.d
Injection Date: 19-Dec-2019 16:33:59 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346752 Sample Line#: 8
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
7(1-2) RA

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-2 RA

Eurofins TestAmerica, Sacramento

Matrix: 19DE19A11D2_008.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  15:35

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  20:41

Low2(uL)

20(uL)

% Moisture: 35.6

Sample wt/vol: 10.25(g)

N

Analysis Batch No.: 346764 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.5 0.1451207-31-9 2,3,7,8-TCDF 2.7

%RECCAS NO. LIMITSQISOTOPE DILUTION

69 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

110 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:38:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_008.d
Lims ID: 320-56953-A-2-A          
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Sample Type: Client
Inject. Date: 19-Dec-2019 20:41:20 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-2-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:09

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.379  175509564 0.76  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.573  162754752 0.79   1.3379        69.3        69.3   0.1962   0.1962  69.31
  2,3,7,8-TCDF 16.600    1212831 0.78   0.8389      0.8883      0.8883   0.0467   0.0467
D 13C-2,3,7,8-TCDD 15.132  104615506 0.78   0.9388        63.5        63.5   0.2256   0.2256  63.49
  2,3,7,8-TCDD 15.146     461990 0.77   1.1538      0.4262      0.3827   0.0722   0.0722  RQ
$ 37Cl4-2,3,7,8-TCDD 15.146   91549026   1.1816        44.1        44.1   0.0404   0.0404    110

S Total 2378-Chlorinated 0.000100 0.000100

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 20-Dec-2019 14:38:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_008.d
Lims ID: 320-56953-A-2-A          
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Sample Type: Client
Inject. Date: 19-Dec-2019 20:41:20 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-2-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:09

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.379 15.376    0   76040834   16601896  20224  50560    821
333.9339 15.379 15.376    0   99468730   20813044  11477  28692   1813  0.76(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.573 16.556    1  1.078   71957014   13527732  20633  51582    656
317.9389 16.573 16.556    1  1.078   90797738   17291783  18655  46637    927  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.600 16.570    2  1.002     530480      89663   1954   4885     46
305.8987 16.573 16.570    0  1.000     682351     124913   2880   7200     43  0.78(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.132 15.116    1  0.984   45807064    9796952  20224  50560    484
333.9339 15.132 15.116    1  0.984   58808442   12520112  11477  28692   1091  0.78(0.65-0.89)

2,3,7,8-TCDD RQ
319.8965 15.146 15.143    0  1.001     200979      45290   4765  11912     10
321.8936 15.146 15.143    0  1.001     313467      64362   2674   6685     24  0.64(0.65-0.89)

Empc Correction     261011      58818   2674   6685     22

37Cl4-2,3,7,8-TCDD
327.8840 15.146 15.143    0  0.985   91549026   19145718   7147  17867   2679

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 20-Dec-2019 14:38:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_008.d
Injection Date: 19-Dec-2019 20:41:20 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346764 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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          16.60
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14.23 17.26 22.57 24.26
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TCDF Standards
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F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

18.95 23.0515.11
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Report Date: 20-Dec-2019 14:38:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_008.d
Injection Date: 19-Dec-2019 20:41:20 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346764 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
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F1:m/z     305.8987:SG5Pt_x1
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2,3,7,8-TCDF

TCDF Interference Mass
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F1:m/z     375.8364:SG5Pt_x1
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Report Date: 20-Dec-2019 14:38:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_008.d
Injection Date: 19-Dec-2019 20:41:20 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346764 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-2,3,7,8-TCDD
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37Cl4-TCDD Standards
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13C-1,2,3,4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

2

5

8

11

14

17

20

23

26

Y
 ( 

X
10

00
00

0)
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13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 20-Dec-2019 14:38:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_008.d
Injection Date: 19-Dec-2019 20:41:20 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(1-2)
Worklist#: 346764 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
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Y

F1:m/z     330.9792:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
7(2-4)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-3

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_9.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  15:40

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  17:21

Low2(uL)

20(uL)

% Moisture: 18.3

Sample wt/vol: 10.17(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.2 0.101746-01-6 2,3,7,8-TCDD ND

1.2 0.07351207-31-9 2,3,7,8-TCDF ND

6.0 0.1540321-76-4 1,2,3,7,8-PeCDD ND

6.0 0.1157117-41-6 1,2,3,7,8-PeCDF ND

6.0 0.1257117-31-4 2,3,4,7,8-PeCDF ND

6.0 0.11J q39227-28-6 1,2,3,4,7,8-HxCDD 0.19

6.0 0.1157653-85-7 1,2,3,6,7,8-HxCDD ND

6.0 0.09619408-74-3 1,2,3,7,8,9-HxCDD ND

6.0 0.09270648-26-9 1,2,3,4,7,8-HxCDF ND

6.0 0.08857117-44-9 1,2,3,6,7,8-HxCDF ND

6.0 0.07172918-21-9 1,2,3,7,8,9-HxCDF ND

6.0 0.07060851-34-5 2,3,4,6,7,8-HxCDF ND

6.0 0.11J B35822-46-9 1,2,3,4,6,7,8-HpCDD 1.4

6.0 0.1567562-39-4 1,2,3,4,6,7,8-HpCDF ND

6.0 0.1755673-89-7 1,2,3,4,7,8,9-HpCDF ND

12 0.18B3268-87-9 OCDD 36

12 0.1739001-02-0 OCDF ND

1.2 0.10J q41903-57-5 Total TCDD 0.40

1.2 0.07330402-14-3 Total TCDF ND

6.0 0.15J36088-22-9 Total PeCDD 0.28

6.0 0.1230402-15-4 Total PeCDF ND

6.0 0.10J q34465-46-8 Total HxCDD 1.9

6.0 0.09255684-94-1 Total HxCDF ND

6.0 0.11J B37871-00-4 Total HpCDD 5.7

6.0 0.1738998-75-3 Total HpCDF ND

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
7(2-4)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-3

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_9.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  15:40

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  17:21

Low2(uL)

20(uL)

% Moisture: 18.3

Sample wt/vol: 10.17(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

64 25-16476523-40-5 13C-2,3,7,8-TCDD

63 24-16989059-46-1 13C-2,3,7,8-TCDF

59 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

60 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

64 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

69 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

70 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

67 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

66 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

62 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

65 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

67 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

64 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

71 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

72 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

100 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Lims ID: 320-56953-A-3-A          
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Sample Type: Client
Inject. Date: 19-Dec-2019 17:21:32 ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-3-A  320-56953-A-3-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:23:40 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: dadunj Date: 20-Dec-2019 14:23:40

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.612  211496525 0.78  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.113  189114976 0.78   1.4157        63.2        63.2   0.1099   0.1099  63.16
  2,3,7,8-TCDF 17.128   0.0302   0.0302
A Non-2,3,7,8-sub-TCDF 16.811   0.0302   0.0302
S Total TCDF   0.0302   0.0302

D 13C-2,3,7,8-TCDD 17.793  131999187 0.78   0.9751        64.0        64.0   0.1809   0.1809  64.01
  2,3,7,8-TCDD 17.823   0.0418   0.0418
$ 37Cl4-2,3,7,8-TCDD 17.808  113479417   1.3480        39.8        39.8   0.0445   0.0445  99.51

A Non-2,3,7,8-sub-TCDD 17.249     228228 0.77   1.0477      0.2830      0.1650   0.0418   0.1055  RQM
S Total TCDD      0.2830      0.1650   0.0418   0.0418  RQ

D 13C-1,2,3,7,8-PeCDF 22.018  149204084 1.60   1.1786        59.9        59.9   0.1958   0.1958  59.86
  1,2,3,7,8-PeCDF 22.045   0.0469   0.0469
D 13C-2,3,4,7,8-PeCDF 23.341  153719219 1.62   1.1308        64.3        64.3   0.2041   0.2041  64.28
  2,3,4,7,8-PeCDF 23.355   0.0494   0.0494
A F1 PeCDFs 19.774   0.0500   0.0500
A Non-2,3,7,8-sub-PeCDF 22.858   0.0481   0.0481
S Total PeCDF   0.0500   0.0500

D 13C-1,2,3,7,8-PeCDD 24.050   93911027 1.62   0.7572        58.6        58.6   0.0981   0.0981  58.64
  1,2,3,7,8-PeCDD 24.077   0.0628   0.0628
A Non-2,3,7,8-sub-PeCDD 22.973     119611 1.40   1.0855      0.1173      0.1173   0.0628   0.1173
S Total PeCDD      0.1173      0.1173   0.0628   0.0628

D 13C-1,2,3,4,7,8-HxCDF 30.180  132470320 0.52   1.1043        67.0        67.0   0.2814   0.2814  67.00
  1,2,3,4,7,8-HxCDF 30.206   0.0383   0.0383
D 13C-1,2,3,6,7,8-HxCDF 30.393  135958127 0.51   1.1470        66.2        66.2   0.2709   0.2709  66.20
  1,2,3,6,7,8-HxCDF 30.420   0.0365   0.0365
D 13C-2,3,4,6,7,8-HxCDF 31.312  126174253 0.51   1.0769        65.4        65.4   0.2885   0.2885  65.44
  2,3,4,6,7,8-HxCDF 31.325   0.0289   0.0289
D 13C-1,2,3,7,8,9-HxCDF 32.151  112613757 0.52   1.0115        62.2        62.2   0.3072   0.3072  62.18
  1,2,3,7,8,9-HxCDF 32.164   0.0295   0.0295
A Non-2,3,7,8-sub-HxCDF 29.880   0.0329   0.0329
S Total HxCDF   0.0383   0.0383
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 31.964  179036907 1.29  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.511   98652624 1.31   0.7962        69.2        69.2   0.3017   0.3017  69.21
  1,2,3,4,7,8-HxCDD 31.525      85246 1.24   1.0934      0.0956      0.0790   0.0451   0.0451  RQM
D 13C-1,2,3,6,7,8-HxCDD 31.618  109434444 1.32   0.8720        70.1        70.1   0.2755   0.2755  70.10
  1,2,3,6,7,8-HxCDD 31.525   0.0453   0.0453  RQMU
  1,2,3,7,8,9-HxCDD 31.977   0.0400   0.0400
A Non-2,3,7,8-sub-HxCDD 30.519     839700 1.24   1.1145      0.7643      0.7241   0.0433   0.6281  RQM
S Total HxCDD      0.8599      0.8032   0.0435   0.0435  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.628   86715344 0.44   0.7577        63.9        63.9   0.8405   0.8405  63.93
  1,2,3,4,6,7,8-HpCDF 33.628   0.0609   0.0609
D 13C-1,2,3,4,7,8,9-HpCDF 34.697   87850264 0.43   0.6941        70.7        70.7   0.9174   0.9174  70.69
  1,2,3,4,7,8,9-HpCDF 34.709   0.0719   0.0719
A Non-2,3,7,8-sub-HpCDF 34.169   0.0660   0.0660
S Total HpCDF   0.0719   0.0719

D 13C-1,2,3,4,6,7,8-HpCDD 34.405   84622606 1.07   0.7058        67.0        67.0   0.3472   0.3472  66.96
  1,2,3,4,6,7,8-HpCDD 34.418     510534 1.06   1.0535      0.5726      0.5726   0.0474   0.0474
A Non-2,3,7,8-sub-HpCDD 34.144    1605446 1.08   1.0535       1.801       1.801   0.0474    1.801
S Total HpCDD       2.373       2.373   0.0474   0.0474

D 13C-OCDD 36.734  118491241 0.89   0.4603       143.8       143.8   0.1732   0.1732  71.90
  OCDF 36.830   0.0686   0.0686
  OCDD 36.746   10166119 0.92   1.1362        15.1        15.1   0.0729   0.0729

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Lims ID: 320-56953-A-3-A          
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Sample Type: Client
Inject. Date: 19-Dec-2019 17:21:32 ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-3-A  320-56953-A-3-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:23:40 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: dadunj Date: 20-Dec-2019 14:23:40

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.612 17.612    0   92809395   23328622  24163  60407    965
333.9339 17.612 17.612    0  118687130   29217355  12915  32287   2262  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.113 17.113    0  0.972   82982643   20063579  17706  44265   1133
317.9389 17.098 17.113   -1  0.971  106132333   25961405  15001  37502   1731  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.128    1869    4672
305.8987 17.128    3418    8545

A Non-2,3,7,8-sub-TCDF
303.9016 16.811    1869    4672
305.8987 16.811    3418    8545

13C-2,3,7,8-TCDD
331.9368 17.793 17.793    0  1.010   57820117   13249727  24163  60407    548
333.9339 17.793 17.793    0  1.010   74179070   17321383  12915  32287   1341  0.78(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.823    3454    8635
321.8936 17.823    1902    4755

37Cl4-2,3,7,8-TCDD
327.8847 17.808 17.823   -1  1.011  113479417   26295711  12613  31532   2085

A Non-2,3,7,8-sub-TCDD RQM

319.8965 16.690 17.249  -34  0.938      89976      17848   3454   8635      5 M
Empc Correction      63454      14222   3454   8635      4

321.8936 16.690 17.249  -34  0.938      82409      18471   1902   4755     10  1.09(0.65-0.89) M
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

319.8965 17.098 17.249   -9  0.961     172467      38251   3454   8635     11
Empc Correction      35831       6572   3454   8635      2

321.8936 17.143 17.249   -6  0.963      46534       8536   1902   4755      4  3.71(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.018 22.018    0  1.250   91778052   16070182  29498  73745    545
353.8970 22.018 22.018    0  1.250   57426032   10014421  19016  47540    527  1.60(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.045    1442    3605
341.8567 22.045    3595    8987

13C-2,3,4,7,8-PeCDF
351.9000 23.341 23.341    0  1.325   94968878   15144315  29498  73745    513
353.8970 23.341 23.341    0  1.325   58750341    9331904  19016  47540    491  1.62(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.355    1442    3605
341.8567 23.355    3595    8987

A F1 PeCDFs
339.8597 19.774    1208    3020
341.8567 19.774    4031   10077

A Non-2,3,7,8-sub-PeCDF
339.8597 22.858    1442    3605
341.8567 22.858    3595    8987

13C-1,2,3,7,8-PeCDD
367.8949 24.050 24.050    0  1.366   58082167    8933677  10814  27035    826
369.8919 24.050 24.050    0  1.366   35828860    5582747   4800  12000   1163  1.62(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.077    2727    6817
357.8516 24.077    1231    3077

A Non-2,3,7,8-sub-PeCDD

355.8546 21.650 22.973  -79  0.900      69683      13277   2727   6817      5
357.8516 21.650 22.973  -79  0.900      49928      10134   1231   3077      8  1.40(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.180 30.193   -1  0.944   45332383    7191092  18303  45757    393
385.8610 30.180 30.193   -1  0.944   87137937   13625489  33615  84037    405  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.206    1953    4882
375.8178 30.206    1708    4270

13C-1,2,3,6,7,8-HxCDF
383.8639 30.393 30.406   -1  0.951   46192516    7547862  18303  45757    412
385.8610 30.393 30.406   -1  0.951   89765611   14335987  33615  84037    426  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.420    1953    4882
375.8178 30.420    1708    4270

13C-2,3,4,6,7,8-HxCDF
383.8639 31.312 31.312    0  0.980   42658031    9264340  18303  45757    506
385.8610 31.312 31.312    0  0.980   83516222   17719544  33615  84037    527  0.51(0.43-0.59)
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

2,3,4,6,7,8-HxCDF
373.8208 31.325    1953    4882
375.8178 31.325    1708    4270

13C-1,2,3,7,8,9-HxCDF
383.8639 32.151 32.151    0  1.006   38731251    9014347  18303  45757    493
385.8610 32.151 32.151    0  1.006   73882506   17436093  33615  84037    519  0.52(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.164    1953    4882
375.8178 32.164    1708    4270

A Non-2,3,7,8-sub-HxCDF
373.8208 29.880    1953    4882
375.8178 29.880    1708    4270

13C-1,2,3,7,8,9-HxCDD
401.8559 31.964 31.964    0  100923390   23581424  20622  51555   1144
403.8529 31.964 31.964    0   78113517   18195382  19517  48792    932  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.511 31.511    0  0.986   56037129   13592182  20622  51555    659
403.8529 31.511 31.511    0  0.986   42615495   10377233  19517  48792    532  1.31(1.05-1.43)

1,2,3,4,7,8-HxCDD RQM
389.8157 31.525 31.525    0  1.000      47190      11896   2281   5702      5 M
391.8127 31.538 31.525    1  1.001      55927      12128   2451   6127      5  0.84(1.05-1.43) M

Empc Correction      38056       9593   2451   6127      4

13C-1,2,3,6,7,8-HxCDD
401.8559 31.618 31.618    0  0.989   62192747   14163230  20622  51555    687
403.8529 31.618 31.618    0  0.989   47241697   10895612  19517  48792    558  1.32(1.05-1.43)

1,2,3,6,7,8-HxCDD RQMU
389.8157 31.631    2281    5702
391.8127 31.631    2451    6127

1,2,3,7,8,9-HxCDD
389.8157 31.977    2281    5702
391.8127 31.977    2451    6127

A Non-2,3,7,8-sub-HxCDD RQM

389.8157 29.048 30.519  -88  0.919     386001      44021   2281   5702     19
391.8127 29.061 30.519  -87  0.919     342289      46626   2451   6127     19  1.13(1.05-1.43)

389.8157 31.312 30.519   47  0.990     108298      21641   2281   5702      9
Empc Correction      61673      10972   2281   5702      5

391.8127 31.298 30.519   47  0.990      49737       8849   2451   6127      4  2.18(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.628 33.628    0  1.052   26534873    8093488  35671  89177    227
419.8220 33.628 33.628    0  1.052   60180471   18337085  70742 176855    259  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.628    7241   18102
409.7789 33.628    2287    5717

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.697 34.697    0  1.086   26532096    7779177  35671  89177    218
419.8220 34.697 34.697    0  1.086   61318168   17852869  70742 176855    252  0.43(0.37-0.51)
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8,9-HpCDF
407.7818 34.709    7241   18102
409.7789 34.709    2287    5717

A Non-2,3,7,8-sub-HpCDF
407.7818 34.169    7241   18102
409.7789 34.169    2287    5717

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.405 34.418   -1  1.076   43728395   12125388  22481  56202    539
437.8140 34.405 34.418   -1  1.076   40894211   11735886  18475  46187    635  1.07(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.418 34.418    0  1.000     262319      73772   2421   6052     30
425.7737 34.418 34.418    0  1.000     248215      65105   2344   5860     28  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 33.871 34.144  -16  0.984     832691     242689   2421   6052    100
425.7737 33.871 34.144  -16  0.984     772755     227967   2344   5860     97  1.08(0.88-1.20)

13C-OCDD
469.7779 36.734 36.734    0  1.149   55867958   14504857   7211  18027   2011
471.7750 36.734 36.734    0  1.149   62623283   15622269   6111  15277   2556  0.89(0.76-1.02)

OCDF
441.7428 36.830    2064    5160
443.7399 36.830    3701    9252

OCDD
457.7377 36.746 36.746    0  1.000    4869314    1212741   2559   6397    474
459.7348 36.746 36.746    0  1.000    5296805    1331007   2430   6075    548  0.92(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  U - Marked Undetected
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Lims ID: 320-56953-A-3-A
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Inject. Date: 19-Dec-2019 17:21:32 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 9

Non-2,3,7,8-sub-TCDD, RT: 17.249

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000       131999187        30571110
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000       131999187        30571110

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.690             89976             17848             82409             18471      0.1246 1.09 RQM
16.690             63454             14222             82409             18471      0.1055 Empc Correction
17.098            172467             38251             46534              8536      0.1584 3.71 RQ
17.098             35831              6572             46534              8536      0.0596 Empc Correction
Signal Totals:

            99285             20794            128943             27007
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           391386             83106 2.04 RQM
           228228             47801 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2830 = (391386 * 100.000) / (131999187 * 1.048)
Empc Amount:         0.1650 = (228228 * 100.000) / (131999187 * 1.048)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Lims ID: 320-56953-A-3-A
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Inject. Date: 19-Dec-2019 17:21:32 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 9

Non-2,3,7,8-sub-PeCDD, RT: 22.973

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.086 D 13C-1,2,3,7,8-PeCDD                     100.000        93911027        14516424
Averages:

RRFn Qis Ris Area Ris Height
  1.086        100.000        93911027        14516424

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

21.650             69683             13277             49928             10134      0.1173 1.40
Signal Totals:

            69683             13277             49928             10134
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           119611             23411 1.40

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1173 = (119611 * 100.000) / (93911027 * 1.086)
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Lims ID: 320-56953-A-3-A
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Inject. Date: 19-Dec-2019 17:21:32 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 9

Non-2,3,7,8-sub-HxCDD, RT: 30.519

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.093 D 13C-1,2,3,4,7,8-HxCDD                   100.000        98652624        23969415
  1,2,3,6,7,8-HxCDD                  1.043 D 13C-1,2,3,6,7,8-HxCDD                   100.000       109434444        25058842
  1,2,3,7,8,9-HxCDD                  1.207
Averages:

RRFn Qis Ris Area Ris Height
  1.115        100.000       104043534        24514128

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.048            386001             44021            342289             46626      0.6281 1.13
31.312            108298             21641             49737              8849      0.1363 2.18 RQ
31.312             61673             10972             49737              8849      0.0961 Empc Correction
Signal Totals:

           447674             54993            392026             55475
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           886325            121137 1.26 RQ
           839700            110468 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7643 = (886325 * 100.000) / (104043534 * 1.115)
Empc Amount:         0.7241 = (839700 * 100.000) / (104043534 * 1.115)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Lims ID: 320-56953-A-3-A
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Inject. Date: 19-Dec-2019 17:21:32 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 9

Non-2,3,7,8-sub-HpCDD, RT: 34.144

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.054 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        84622606        23861274
Averages:

RRFn Qis Ris Area Ris Height
  1.054        100.000        84622606        23861274

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

33.871            832691            242689            772755            227967        1.80 1.08
Signal Totals:

           832691            242689            772755            227967
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1605446            470656 1.08

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.801 = (1605446 * 100.000) / (84622606 * 1.054)
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Report Date: 20-Dec-2019 14:23:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Instrument ID: 3D5
Lims ID: 320-56953-A-3-A          Lab Sample ID: 320-56953-3              
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 15.59- 18.91)
Signal: 1

Processing Integration Results
RT = 16.690 Area = 155293
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Manual Integration Results
RT = 16.690 Area = 89976 M
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Reviewer: dadunj, 20-Dec-2019 14:21:27
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:23:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Instrument ID: 3D5
Lims ID: 320-56953-A-3-A          Lab Sample ID: 320-56953-3              
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 15.59- 18.91)
Signal: 2

Processing Integration Results
RT = 16.690 Area = 77554
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Manual Integration Results
RT = 16.690 Area = 82409 M
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Reviewer: dadunj, 20-Dec-2019 14:21:57
Audit Action: Manually Integrated Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:23:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Instrument ID: 3D5
Lims ID: 320-56953-A-3-A          Lab Sample ID: 320-56953-3              
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  31.52
Area: 75295
Amount:    0.158878
Amount Units: pg/ul
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Manual Integration Results
RT:  31.52
Area: 47190
Amount:    0.095598
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:22:32
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:23:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Instrument ID: 3D5
Lims ID: 320-56953-A-3-A          Lab Sample ID: 320-56953-3              
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Operator ID:  AJS ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.54
Area: 96078
Amount:    0.158878
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Manual Integration Results
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Reviewer: dadunj, 20-Dec-2019 14:22:34
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.63
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F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.63
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Report Date: 20-Dec-2019 14:23:45 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Worklist#: 346752 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
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F4:m/z     407.7818:SG5Pt_x1
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F4:m/z     409.7789:SG5Pt_x1

33.64

HpCDF Interference Mass
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F4:m/z     479.7165:SG5Pt_x1
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Report Date: 20-Dec-2019 14:23:45 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Worklist#: 346752 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
0)

F4:m/z     423.7766:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          33.87

1,2,3,4,6,7,8-HpCDD
          34.42

33.62
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F4:m/z     425.7737:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          33.87

1,2,3,4,6,7,8-HpCDD
          34.42

34.6933.62

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
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F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.41
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F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.41
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Report Date: 20-Dec-2019 14:23:45 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Worklist#: 346752 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min
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F5:m/z     441.7428:SG5Pt_x1
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35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF Standards
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F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.73
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F5:m/z     471.7750:SG5Pt_x1

13C-OCDD
  36.73
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Report Date: 20-Dec-2019 14:23:45 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Worklist#: 346752 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
)

F5:m/z     441.7428:SG5Pt_x1
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F5:m/z     443.7399:SG5Pt_x1

OCDF Interference Mass
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-1

2

5

8

11

14

17

20

23

26

29

Y
 ( 

X
10

00
)

F5:m/z     513.6775:SG5Pt_x1

36.79

37.64
39.00 43.90 45.72
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Report Date: 20-Dec-2019 14:23:45 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Worklist#: 346752 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min
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F5:m/z     457.7377:SG5Pt_x1
OCDD
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F5:m/z     459.7348:SG5Pt_x1
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OCDD Standards
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F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
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F5:m/z     471.7750:SG5Pt_x1

13C-OCDD
  36.73
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Report Date: 20-Dec-2019 14:23:45 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Worklist#: 346752 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
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F1:m/z     330.9792:SG5Pt_x1
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F3:m/z     380.9760:SG5Pt_x1
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F4:m/z     430.9729:SG5Pt_x1
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Report Date: 20-Dec-2019 14:23:45 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_9.d
Injection Date: 19-Dec-2019 17:21:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(2-4)
Worklist#: 346752 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min
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Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
7(4-6)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-4

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_10.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  15:40

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  18:09

Low2(uL)

20(uL)

% Moisture: 44.0

Sample wt/vol: 10.12(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.8 0.341746-01-6 2,3,7,8-TCDD ND

1.8 0.2551207-31-9 2,3,7,8-TCDF ND

8.8 0.6640321-76-4 1,2,3,7,8-PeCDD ND

8.8 0.3957117-41-6 1,2,3,7,8-PeCDF ND

8.8 0.4157117-31-4 2,3,4,7,8-PeCDF ND

8.8 0.5139227-28-6 1,2,3,4,7,8-HxCDD ND

8.8 0.5457653-85-7 1,2,3,6,7,8-HxCDD ND

8.8 0.46J19408-74-3 1,2,3,7,8,9-HxCDD 2.6

8.8 0.3370648-26-9 1,2,3,4,7,8-HxCDF ND

8.8 0.3157117-44-9 1,2,3,6,7,8-HxCDF ND

8.8 0.2672918-21-9 1,2,3,7,8,9-HxCDF ND

8.8 0.2460851-34-5 2,3,4,6,7,8-HxCDF ND

8.8 1.0B35822-46-9 1,2,3,4,6,7,8-HpCDD 39

8.8 0.5267562-39-4 1,2,3,4,6,7,8-HpCDF ND

8.8 0.7055673-89-7 1,2,3,4,7,8,9-HpCDF ND

18 1.2B3268-87-9 OCDD 890

18 0.62B39001-02-0 OCDF 27

1.8 0.34J q41903-57-5 Total TCDD 0.57

1.8 0.2530402-14-3 Total TCDF ND

8.8 0.66J q36088-22-9 Total PeCDD 5.4

8.8 0.4330402-15-4 Total PeCDF ND

8.8 0.5034465-46-8 Total HxCDD 28

8.8 0.3355684-94-1 Total HxCDF ND

8.8 1.0B37871-00-4 Total HpCDD 130

8.8 0.61J B38998-75-3 Total HpCDF 5.6

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
7(4-6)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-4

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_10.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  15:40

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  18:09

Low2(uL)

20(uL)

% Moisture: 44.0

Sample wt/vol: 10.12(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

66 25-16476523-40-5 13C-2,3,7,8-TCDD

65 24-16989059-46-1 13C-2,3,7,8-TCDF

61 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

61 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

66 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

70 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

74 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

71 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

72 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

63 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

68 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

69 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

68 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

72 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

72 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

100 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Lims ID: 320-56953-A-4-A          
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Sample Type: Client
Inject. Date: 19-Dec-2019 18:09:03 ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-4-A  320-56953-A-4-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:26:04 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: messecara Date: 19-Dec-2019 19:49:33

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.582   92245604 0.79  2.2E+06       100.0       100.0  a

D 13C-2,3,7,8-TCDF 17.083   84945980 0.81   1.4157        65.0        65.0   0.2642   0.2642  65.05
  2,3,7,8-TCDF 17.128   0.0697   0.0697
A Non-2,3,7,8-sub-TCDF 16.811   0.0697   0.0697
S Total TCDF   0.0697   0.0697

D 13C-2,3,7,8-TCDD 17.778   59661221 0.79   0.9751        66.3        66.3   0.3066   0.3066  66.33
  2,3,7,8-TCDD 17.823   0.0957   0.0957
$ 37Cl4-2,3,7,8-TCDD 17.793   49583993   1.3480        39.9        39.9   0.0689   0.0689  99.69

A Non-2,3,7,8-sub-TCDD 17.249     100592 0.77   1.0477      0.2210      0.1609   0.0957   0.1609  RQM
S Total TCDD      0.2210      0.1609   0.0957   0.0957  RQ

D 13C-1,2,3,7,8-PeCDF 22.032   66296912 1.58   1.1786        61.0        61.0   0.2418   0.2418  60.98
  1,2,3,7,8-PeCDF 22.045   0.1103   0.1103
D 13C-2,3,4,7,8-PeCDF 23.341   68414514 1.65   1.1308        65.6        65.6   0.2520   0.2520  65.59
  2,3,4,7,8-PeCDF 23.355   0.1153   0.1153
A F1 PeCDFs 19.774   0.1218   0.1218
A Non-2,3,7,8-sub-PeCDF 22.858   0.1127   0.1127
S Total PeCDF   0.1218   0.1218

D 13C-1,2,3,7,8-PeCDD 24.064   42670897 1.71   0.7572        61.1        61.1   0.2565   0.2565  61.09
  1,2,3,7,8-PeCDD 24.077   0.1862   0.1862
A Non-2,3,7,8-sub-PeCDD 22.973     703038 1.55   1.0855       1.636       1.518   0.1862   0.5795  RQM
S Total PeCDD       1.636       1.518   0.1862   0.1862  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.193   58620203 0.52   1.1043        70.6        70.6   0.3655   0.3655  70.60
  1,2,3,4,7,8-HxCDF 30.206   0.0929   0.0929
D 13C-1,2,3,6,7,8-HxCDF 30.406   62116616 0.52   1.1470        72.0        72.0   0.3518   0.3518  72.02
  1,2,3,6,7,8-HxCDF 30.420   0.0890   0.0890
D 13C-2,3,4,6,7,8-HxCDF 31.312   55409899 0.52   1.0769        68.4        68.4   0.3748   0.3748  68.43
  2,3,4,6,7,8-HxCDF 31.325   0.0693   0.0693
D 13C-1,2,3,7,8,9-HxCDF 32.151   47870683 0.52   1.0115        62.9        62.9   0.3990   0.3990  62.94
  1,2,3,7,8,9-HxCDF 32.164   0.0738   0.0738
A Non-2,3,7,8-sub-HxCDF 29.880   0.0801   0.0801
S Total HxCDF   0.0929   0.0929
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 31.964   75189615 1.34  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.511   41625202 1.30   0.7962        69.5        69.5   0.3971   0.3971  69.53
  1,2,3,4,7,8-HxCDD 31.525   0.1459   0.1459
D 13C-1,2,3,6,7,8-HxCDD 31.618   48655740 1.32   0.8720        74.2        74.2   0.3625   0.3625  74.21
  1,2,3,6,7,8-HxCDD 31.631   0.1520   0.1520
  1,2,3,7,8,9-HxCDD 31.951     407839 1.11   1.2073      0.7483      0.7483   0.1317   0.1317  M
A Non-2,3,7,8-sub-HxCDD 30.519    3676299 1.27   1.1145       7.307       7.307   0.1427    5.884  M
S Total HxCDD       8.056       8.056   0.1432   0.1432

D 13C-1,2,3,4,6,7,8-HpCDF 33.616   38761231 0.42   0.7577        68.0        68.0    1.543    1.543  68.04
  1,2,3,4,6,7,8-HpCDF 33.628   0.1488   0.1488
D 13C-1,2,3,4,7,8,9-HpCDF 34.685   37795910 0.43   0.6941        72.4        72.4    1.684    1.684  72.42
  1,2,3,4,7,8,9-HpCDF 34.709   0.1974   0.1974
A Non-2,3,7,8-sub-HpCDF 34.169     840064 1.15   1.3868       1.582       1.582   0.1705    1.582  M
S Total HpCDF       1.582       1.582   0.1731   0.1731

D 13C-1,2,3,4,6,7,8-HpCDD 34.405   36864758 1.08   0.7058        69.5        69.5   0.6335   0.6335  69.46
  1,2,3,4,6,7,8-HpCDD 34.418    4265898 0.98   1.0535        11.0        11.0   0.2825   0.2825
A Non-2,3,7,8-sub-HpCDD 34.144    9625363 1.07   1.0535        24.8        24.8   0.2825     24.8
S Total HpCDD        35.8        35.8   0.2825   0.2825

D 13C-OCDD 36.722   49812325 0.87   0.4603       143.9       143.9   0.3321   0.3321  71.97
  OCDF 36.830    2689125 0.90   1.3945       7.743       7.743   0.1761   0.1761
  OCDD 36.734   71783893 0.88   1.1362       253.7       253.7   0.3409   0.3409

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Lims ID: 320-56953-A-4-A          
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Sample Type: Client
Inject. Date: 19-Dec-2019 18:09:03 ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-4-A  320-56953-A-4-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:26:04 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: messecara Date: 19-Dec-2019 19:49:33

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD a
331.9368 17.582 17.612   -2   40598759    9931645  16657  41642    596 a
333.9339 17.582 17.612   -2   51646845   12384061  10034  25085   1234  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.083 17.113   -2  0.972   38092563    9101737  16329  40822    557
317.9389 17.083 17.113   -2  0.972   46853417   10994670  17057  42642    645  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.128    1831    4577
305.8987 17.128    3489    8722

A Non-2,3,7,8-sub-TCDF
303.9016 16.811    1831    4577
305.8987 16.811    3489    8722

13C-2,3,7,8-TCDD
331.9368 17.778 17.793   -1  1.011   26343090    5756556  16657  41642    346
333.9339 17.778 17.793   -1  1.011   33318131    7374886  10034  25085    735  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.823    3474    8685
321.8936 17.823    1792    4480

37Cl4-2,3,7,8-TCDD
327.8847 17.793 17.823   -2  1.012   49583993   11140472   8290  20725   1344

A Non-2,3,7,8-sub-TCDD RQM

319.8965 16.690 17.249  -34  0.939      81336      17272   3474   8685      5 M
Empc Correction      43760      12631   3474   8685      4

321.8936 16.674 17.249  -34  0.938      56832      16404   1792   4480      9  1.43(0.65-0.89) M
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDF
351.9000 22.032 22.018    1  1.253   40615273    6773220  16035  40087    422
353.8970 22.032 22.018    1  1.253   25681639    4156959   9404  23510    442  1.58(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.045    1597    3992
341.8567 22.045    3372    8430

13C-2,3,4,7,8-PeCDF
351.9000 23.341 23.341    0  1.328   42600576    6399701  16035  40087    399
353.8970 23.355 23.341    1  1.328   25813938    3947683   9404  23510    420  1.65(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.355    1597    3992
341.8567 23.355    3372    8430

A F1 PeCDFs
339.8597 19.774    1503    3757
341.8567 19.774    3863    9657

A Non-2,3,7,8-sub-PeCDF
339.8597 22.858    1597    3992
341.8567 22.858    3372    8430

13C-1,2,3,7,8-PeCDD
367.8949 24.064 24.050    1  1.369   26898964    3964832   8847  22117    448
369.8919 24.064 24.050    1  1.369   15771933    2278059   8492  21230    268  1.71(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.077    3761    9402
357.8516 24.077    1285    3212

A Non-2,3,7,8-sub-PeCDD RQM

355.8546 20.914 22.973 -123  0.869     124210      21633   3761   9402      6
357.8516 20.914 22.973 -123  0.869     105005      15383   1285   3212     12  1.18(1.32-1.78)

Empc Correction      80135      13956   1285   3212     11

355.8546 21.664 22.973  -78  0.900     193052      28810   3761   9402      8
Empc Correction     163145      31750   3761   9402      8

357.8516 21.664 22.973  -78  0.900     105255      20484   1285   3212     16  1.83(1.32-1.78)

355.8546 23.096 22.973    7  0.960     141641      17537   3761   9402      5 M
357.8516 23.096 22.973    7  0.960      88652      11955   1285   3212      9  1.60(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.193 30.193    0  0.945   20133239    3074871   9988  24970    308
385.8610 30.193 30.193    0  0.945   38486964    5928143  18547  46367    320  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.206    2186    5465
375.8178 30.206    1654    4135

13C-1,2,3,6,7,8-HxCDF
383.8639 30.406 30.406    0  0.951   21176477    3138524   9988  24970    314
385.8610 30.406 30.406    0  0.951   40940139    6283994  18547  46367    339  0.52(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.420    2186    5465
375.8178 30.420    1654    4135
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,6,7,8-HxCDF
383.8639 31.312 31.312    0  0.980   18954958    4139199   9988  24970    414
385.8610 31.312 31.312    0  0.980   36454941    7678123  18547  46367    414  0.52(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.325    2186    5465
375.8178 31.325    1654    4135

13C-1,2,3,7,8,9-HxCDF
383.8639 32.151 32.151    0  1.006   16273562    3822806   9988  24970    383
385.8610 32.151 32.151    0  1.006   31597121    7286530  18547  46367    393  0.52(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.164    2186    5465
375.8178 32.164    1654    4135

A Non-2,3,7,8-sub-HxCDF
373.8208 29.880    2186    5465
375.8178 29.880    1654    4135

13C-1,2,3,7,8,9-HxCDD
401.8559 31.964 31.964    0   43054747    9999221  10595  26487    944
403.8529 31.964 31.964    0   32134868    7677352  11758  29395    653  1.34(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.511 31.511    0  0.986   23560922    5991458  10595  26487    565
403.8529 31.511 31.511    0  0.986   18064280    4443891  11758  29395    378  1.30(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.525    3081    7702
391.8127 31.525    3579    8947

13C-1,2,3,6,7,8-HxCDD
401.8559 31.618 31.618    0  0.989   27712314    6013099  10595  26487    568
403.8529 31.618 31.618    0  0.989   20943426    4493257  11758  29395    382  1.32(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.631    3081    7702
391.8127 31.631    3579    8947

1,2,3,7,8,9-HxCDD M
389.8157 31.951 31.977   -2  1.014     214590      33176   3081   7702     11 M
391.8127 31.964 31.977   -1  1.014     193249      39880   3579   8947     11  1.11(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD M

389.8157 29.075 30.519  -87  0.920    1661839     193190   3081   7702     63
391.8127 29.075 30.519  -87  0.920    1298341     155287   3579   8947     43  1.28(1.05-1.43)

389.8157 30.726 30.519   12  0.972     391905      65731   3081   7702     21
391.8127 30.712 30.519   12  0.971     324214      59470   3579   8947     17  1.21(1.05-1.43) M

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.616 33.628   -1  1.052   11534887    3630509  22930  57325    158
419.8220 33.616 33.628   -1  1.052   27226344    8571716  59718 149295    144  0.42(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.628    7807   19517
409.7789 33.628    2945    7362
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.685 34.697   -1  1.085   11294377    3178515  22930  57325    139
419.8220 34.685 34.697   -1  1.085   26501533    7352991  59718 149295    123  0.43(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.709    7807   19517
409.7789 34.709    2945    7362

A Non-2,3,7,8-sub-HpCDF M

407.7818 33.919 34.169  -15  1.009     448533     126549   7807  19517     16
409.7789 33.919 34.169  -15  1.009     391531     113918   2945   7362     39  1.15(0.88-1.20) M

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.405 34.418   -1  1.076   19139502    5917345  16237  40592    364
437.8140 34.405 34.418   -1  1.076   17725256    5293030  15377  38442    344  1.08(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.418 34.418    0  1.000    2108830     648585   7314  18285     89
425.7737 34.418 34.418    0  1.000    2157068     665176   6033  15082    110  0.98(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 33.871 34.144  -16  0.984    4982056    1606985   7314  18285    220
425.7737 33.871 34.144  -16  0.984    4643307    1480068   6033  15082    245  1.07(0.88-1.20)

13C-OCDD
469.7779 36.722 36.734   -1  1.149   23194164    5811069   5042  12605   1153
471.7750 36.722 36.734   -1  1.149   26618161    6674172   5766  14415   1158  0.87(0.76-1.02)

OCDF
441.7428 36.830 36.830    0  1.003    1274094     341032   2146   5365    159
443.7399 36.830 36.830    0  1.003    1415031     366954   3985   9962     92  0.90(0.76-1.02)

OCDD
457.7377 36.734 36.746   -1  1.000   33679209    8920917   4776  11940   1868
459.7348 36.734 36.746   -1  1.000   38104684    9865875   4895  12237   2016  0.88(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Lims ID: 320-56953-A-4-A
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Inject. Date: 19-Dec-2019 18:09:03 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 10

Non-2,3,7,8-sub-TCDD, RT: 17.249

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000        59661221        13131442
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000        59661221        13131442

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.690             81336             17272             56832             16404      0.2210 1.43 RQM
16.690             43760             12631             56832             16404      0.1609 Empc Correction
Signal Totals:

            43760             12631             56832             16404
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           138168             33676 1.43 RQM
           100592             29035 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2210 = (138168 * 100.000) / (59661221 * 1.048)
Empc Amount:         0.1609 = (100592 * 100.000) / (59661221 * 1.048)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated

Page 375 of 1153



Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Lims ID: 320-56953-A-4-A
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Inject. Date: 19-Dec-2019 18:09:03 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 10

Non-2,3,7,8-sub-PeCDD, RT: 22.973

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.086 D 13C-1,2,3,7,8-PeCDD                     100.000        42670897         6242891
Averages:

RRFn Qis Ris Area Ris Height
  1.086        100.000        42670897         6242891

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

20.914            124210             21633            105005             15383      0.4949 1.18 RQ
20.914            124210             21633             80135             13956      0.4412 Empc Correction
21.664            193052             28810            105255             20484      0.6440 1.83 RQ
21.664            163145             31750            105255             20484      0.5795 Empc Correction
23.096            141641             17537             88652             11955      0.4972 1.60 M
Signal Totals:

           428996             70920            274042             46395
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           757815            115802 1.54 RQM
           703038            117315 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.636 = (757815 * 100.000) / (42670897 * 1.086)
Empc Amount:          1.518 = (703038 * 100.000) / (42670897 * 1.086)
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Lims ID: 320-56953-A-4-A
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Inject. Date: 19-Dec-2019 18:09:03 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 10

Non-2,3,7,8-sub-HxCDD, RT: 30.519

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.093 D 13C-1,2,3,4,7,8-HxCDD                   100.000        41625202        10435349
  1,2,3,6,7,8-HxCDD                  1.043 D 13C-1,2,3,6,7,8-HxCDD                   100.000        48655740        10506356
  1,2,3,7,8,9-HxCDD                  1.207
Averages:

RRFn Qis Ris Area Ris Height
  1.115        100.000        45140471        10470852

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.075           1661839            193190           1298341            155287        5.88 1.28
30.726            391905             65731            324214             59470        1.42 1.21 M
Signal Totals:

          2053744            258921           1622555            214757
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          3676299            473678 1.27 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          7.307 = (3676299 * 100.000) / (45140471 * 1.115)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Lims ID: 320-56953-A-4-A
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Inject. Date: 19-Dec-2019 18:09:03 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDF, RT: 34.169

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.480 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        38761231        12202225
  1,2,3,4,7,8,9-HpCDF                1.293 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        37795910        10531506
Averages:

RRFn Qis Ris Area Ris Height
  1.387        100.000        38278570        11366865

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

33.919            448533            126549            391531            113918        1.58 1.15 M
Signal Totals:

           448533            126549            391531            113918
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           840064            240467 1.15 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.582 = (840064 * 100.000) / (38278570 * 1.387)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Lims ID: 320-56953-A-4-A
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Inject. Date: 19-Dec-2019 18:09:03 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 10

Non-2,3,7,8-sub-HpCDD, RT: 34.144

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.054 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        36864758        11210375
Averages:

RRFn Qis Ris Area Ris Height
  1.054        100.000        36864758        11210375

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

33.871           4982056           1606985           4643307           1480068        24.8 1.07
Signal Totals:

          4982056           1606985           4643307           1480068
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          9625363           3087053 1.07

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         24.783 = (9625363 * 100.000) / (36864758 * 1.054)
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Instrument ID: 3D5
Lims ID: 320-56953-A-4-A          Lab Sample ID: 320-56953-4              
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 15.59- 18.91)
Signal: 1

Processing Integration Results
RT = 16.690 Area = 75232
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Manual Integration Results
RT = 16.690 Area = 81336 M
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Reviewer: dadunj, 20-Dec-2019 14:24:12
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Instrument ID: 3D5
Lims ID: 320-56953-A-4-A          Lab Sample ID: 320-56953-4              
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 2,   m/z: 321.8936, RT: ( 15.59- 18.91)
Signal: 2

Processing Integration Results
RT = 16.674 Area = 61591
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Manual Integration Results
RT = 16.674 Area = 56832 M
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Reviewer: dadunj, 20-Dec-2019 14:24:19
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Instrument ID: 3D5
Lims ID: 320-56953-A-4-A          Lab Sample ID: 320-56953-4              
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 20.87- 25.08)
Signal: 1

Processing Integration Results
RT = 23.096 Area = 199895
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Manual Integration Results
RT = 23.096 Area = 141641 M
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Reviewer: dadunj, 20-Dec-2019 14:24:39
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Instrument ID: 3D5
Lims ID: 320-56953-A-4-A          Lab Sample ID: 320-56953-4              
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  31.95
Area: 260228
Amount:    0.876790
Amount Units: pg/ul
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Manual Integration Results
RT:  31.95
Area: 214590
Amount:    0.748337
Amount Units: pg/ul

31.5 31.7 31.9 32.1 32.3 32.5
Min

RT

0

3

6

9

12

15

18

21

24

27

30

33

36

Y
 ( 

X
10

00
)

F3:m/z     389.8157:SG5Pt_x1

 3
1.

95
1

Reviewer: dadunj, 20-Dec-2019 14:24:56
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Instrument ID: 3D5
Lims ID: 320-56953-A-4-A          Lab Sample ID: 320-56953-4              
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  31.96
Area: 217617
Amount:    0.876790
Amount Units: pg/ul
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Manual Integration Results
RT:  31.96
Area: 193249
Amount:    0.748337
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:24:57
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:26:06 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Instrument ID: 3D5
Lims ID: 320-56953-A-4-A          Lab Sample ID: 320-56953-4              
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

Non-2,3,7,8-sub-HxCDD, Signal: 2,   m/z: 391.8127, RT: ( 28.85- 32.19)
Signal: 2

Processing Integration Results
RT = 30.712 Area = 379396
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Manual Integration Results
RT = 30.712 Area = 324214 M
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Reviewer: dadunj, 20-Dec-2019 14:25:02
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 386 of 1153



Report Date: 20-Dec-2019 14:26:07 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Instrument ID: 3D5
Lims ID: 320-56953-A-4-A          Lab Sample ID: 320-56953-4              
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Operator ID:  AJS ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7789, RT: ( 33.60- 34.74)
Signal: 2

Processing Integration Results
RT = 33.919 Area = 409629
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Manual Integration Results
RT = 33.919 Area = 391531 M
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Reviewer: dadunj, 20-Dec-2019 14:25:18
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:26:07 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Standards
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Report Date: 20-Dec-2019 14:26:07 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

27

31

35

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1

15.92

16.36

17.2614.94

Page 389 of 1153



Report Date: 20-Dec-2019 14:26:07 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 20-Dec-2019 14:26:07 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 20-Dec-2019 14:26:07 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 20-Dec-2019 14:26:07 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
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Injection Date: 19-Dec-2019 18:09:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
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Injection Date: 19-Dec-2019 18:09:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF
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Injection Date: 19-Dec-2019 18:09:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm
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20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 20-Dec-2019 14:26:08 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_10.d
Injection Date: 19-Dec-2019 18:09:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA07(4-6)
Worklist#: 346752 Sample Line#: 10
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(0-1)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-5

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_11.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  18:56

Low2(uL)

20(uL)

% Moisture: 58.4

Sample wt/vol: 10.09(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

2.4 0.331746-01-6 2,3,7,8-TCDD 11

12 0.4040321-76-4 1,2,3,7,8-PeCDD ND

12 0.29J q57117-41-6 1,2,3,7,8-PeCDF 1.1

12 0.31J57117-31-4 2,3,4,7,8-PeCDF 0.77

12 0.35J q39227-28-6 1,2,3,4,7,8-HxCDD 0.63

12 0.37J57653-85-7 1,2,3,6,7,8-HxCDD 0.88

12 0.32J19408-74-3 1,2,3,7,8,9-HxCDD 2.4

12 0.20J70648-26-9 1,2,3,4,7,8-HxCDF 1.2

12 0.21J q57117-44-9 1,2,3,6,7,8-HxCDF 0.41

12 0.16J q72918-21-9 1,2,3,7,8,9-HxCDF 0.61

12 0.1660851-34-5 2,3,4,6,7,8-HxCDF ND

12 0.95B35822-46-9 1,2,3,4,6,7,8-HpCDD 31

12 0.27J B67562-39-4 1,2,3,4,6,7,8-HpCDF 1.7

12 0.3255673-89-7 1,2,3,4,7,8,9-HpCDF ND

24 0.64B3268-87-9 OCDD 720

24 0.35J B39001-02-0 OCDF 12

2.4 0.33q41903-57-5 Total TCDD 21

2.4 0.36q30402-14-3 Total TCDF 72

12 0.40J q36088-22-9 Total PeCDD 8.9

12 0.30J q30402-15-4 Total PeCDF 2.7

12 0.35q34465-46-8 Total HxCDD 41

12 0.18J q55684-94-1 Total HxCDF 4.1

12 0.95B37871-00-4 Total HpCDD 130

12 0.30J B38998-75-3 Total HpCDF 4.9

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(0-1)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-5

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_11.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  18:56

Low2(uL)

20(uL)

% Moisture: 58.4

Sample wt/vol: 10.09(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

62 25-16476523-40-5 13C-2,3,7,8-TCDD

63 24-16989059-46-1 13C-2,3,7,8-TCDF

59 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

60 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

62 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

63 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

65 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

65 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

62 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

60 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

61 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

63 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

61 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

69 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

67 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

99 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Lims ID: 320-56953-A-5-A          
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Sample Type: Client
Inject. Date: 19-Dec-2019 18:56:35 ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-5-A  320-56953-A-5-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:31:40 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: messecara Date: 19-Dec-2019 21:00:53

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.597  218610352 0.82  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.098  193710028 0.79   1.4157        62.6        62.6   0.1200   0.1200  62.59
  2,3,7,8-TCDF 17.113   17202151 0.79   0.9502       9.346       9.346   0.0764   0.0764
A Non-2,3,7,8-sub-TCDF 16.811   10677044 0.77   0.9502       5.924       5.801   0.0764    3.649  RQ
S Total TCDF        15.3        15.1   0.0764   0.0764  RQ

D 13C-2,3,7,8-TCDD 17.793  131780348 0.79   0.9751        61.8        61.8   0.1692   0.1692  61.82
  2,3,7,8-TCDD 17.808    3178238 0.75   1.0477       2.302       2.302   0.0698   0.0698  M
$ 37Cl4-2,3,7,8-TCDD 17.808  116765777   1.3480        39.6        39.6   0.0838   0.0838  99.06

A Non-2,3,7,8-sub-TCDD 17.249    2991308 0.77   1.0477       2.200       2.167   0.0698    1.497  RQMa
S Total TCDD       4.502       4.468   0.0698   0.0698  RQ

D 13C-1,2,3,7,8-PeCDF 22.018  153495405 1.56   1.1786        59.6        59.6   0.1542   0.1542  59.57
  1,2,3,7,8-PeCDF 22.032     356633 1.55   1.0302      0.2585      0.2255   0.0614   0.0614  RQ
D 13C-2,3,4,7,8-PeCDF 23.327  153626433 1.61   1.1308        62.1        62.1   0.1607   0.1607  62.15
  2,3,4,7,8-PeCDF 23.355     257691 1.40   1.0410      0.1611      0.1611   0.0645   0.0645  M
A F1 PeCDFs 19.774   0.0480   0.0480
A Non-2,3,7,8-sub-PeCDF 22.858     278761 1.55   1.0356      0.1886      0.1753   0.0629   0.1753  RQM
S Total PeCDF      0.6082      0.5620   0.0630   0.0630  RQ

D 13C-1,2,3,7,8-PeCDD 24.037   97958887 1.64   0.7572        59.2        59.2   0.1025   0.1025  59.18
  1,2,3,7,8-PeCDD 24.077   0.0843   0.0843
A Non-2,3,7,8-sub-PeCDD 22.973    1989362 1.55   1.0855       1.910       1.871   0.0843    1.075  RQM
S Total PeCDD       1.910       1.871   0.0843   0.0843  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.180  135623309 0.52   1.1043        64.8        64.8   0.2497   0.2497  64.85
  1,2,3,4,7,8-HxCDF 30.206     405395 1.24   1.1472      0.2606      0.2606   0.0422   0.0422  M
D 13C-1,2,3,6,7,8-HxCDF 30.393  135273779 0.51   1.1470        62.3        62.3   0.2404   0.2404  62.27
  1,2,3,6,7,8-HxCDF 30.393     132940 1.24   1.1450      0.0933      0.0858   0.0439   0.0439  RQM
D 13C-2,3,4,6,7,8-HxCDF 31.298  125071353 0.50   1.0769        61.3        61.3   0.2561   0.2561  61.32
  2,3,4,6,7,8-HxCDF 31.325   0.0332   0.0332
D 13C-1,2,3,7,8,9-HxCDF 32.150  114717712 0.52   1.0115        59.9        59.9   0.2726   0.2726  59.88
  1,2,3,7,8,9-HxCDF 32.150     170652 1.24   1.1717      0.1398      0.1270   0.0346   0.0346  RQM
A Non-2,3,7,8-sub-HxCDF 29.880     575548 1.24   1.1591      0.4028      0.3889   0.0380   0.1642  RQM
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF      0.8965      0.8623   0.0385   0.0385  RQ

* 13C-1,2,3,7,8,9-HxCDD 31.951  189395996 1.29  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.498   94846108 1.26   0.7962        62.9        62.9   0.2733   0.2733  62.90
  1,2,3,4,7,8-HxCDD 31.511     136818 1.24   1.0934      0.1464      0.1319   0.0733   0.0733  RQMa
D 13C-1,2,3,6,7,8-HxCDD 31.604  107659697 1.27   0.8720        65.2        65.2   0.2495   0.2495  65.19
  1,2,3,6,7,8-HxCDD 31.631     208037 1.08   1.0429      0.1853      0.1853   0.0786   0.0786  Ma
  1,2,3,7,8,9-HxCDD 31.951     603438 1.19   1.2073      0.4936      0.4936   0.0671   0.0671
A Non-2,3,7,8-sub-HxCDD 30.519    8897823 1.24   1.1145       7.926       7.885   0.0727    6.354  RQ
S Total HxCDD       8.752       8.695   0.0730   0.0730  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.616   87570623 0.44   0.7577        61.0        61.0   0.7856   0.7856  61.03
  1,2,3,4,6,7,8-HpCDF 33.628     474960 1.17   1.4804      0.3664      0.3664   0.0569   0.0569  M
D 13C-1,2,3,4,7,8,9-HpCDF 34.685   91148672 0.43   0.6941        69.3        69.3   0.8575   0.8575  69.33
  1,2,3,4,7,8,9-HpCDF 34.709   0.0674   0.0674
A Non-2,3,7,8-sub-HpCDF 34.169     812570 1.19   1.3868      0.6557      0.6557   0.0618   0.6557  M
S Total HpCDF       1.022       1.022   0.0621   0.0621

D 13C-1,2,3,4,6,7,8-HpCDD 34.405   83553730 1.02   0.7058        62.5        62.5   0.3932   0.3932  62.50
  1,2,3,4,6,7,8-HpCDD 34.418    5765523 1.04   1.0535       6.550       6.550   0.1989   0.1989
A Non-2,3,7,8-sub-HpCDD 34.144   19118275 1.05   1.0535        21.7        21.7   0.1989     21.7
S Total HpCDD        28.3        28.3   0.1989   0.1989

D 13C-OCDD 36.722  115940906 0.92   0.4603       133.0       133.0   0.1750   0.1750  66.50
  OCDF 36.818    2081835 0.88   1.3945       2.575       2.575   0.0731   0.0731
  OCDD 36.734   99663563 0.88   1.1362       151.3       151.3   0.1338   0.1338

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Lims ID: 320-56953-A-5-A          
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Sample Type: Client
Inject. Date: 19-Dec-2019 18:56:35 ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-5-A  320-56953-A-5-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:31:40 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: messecara Date: 19-Dec-2019 21:00:53

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.597 17.612   -1   98277021   25066031  18519  46297   1354
333.9339 17.597 17.612   -1  120333331   30443622  18108  45270   1681  0.82(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.098 17.113   -1  0.972   85615821   21883956  21854  54635   1001
317.9389 17.098 17.113   -1  0.972  108094207   27291202  15865  39662   1720  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.113 17.128   -1  1.001    7587639    1855027   5528  13820    336
305.8987 17.113 17.128   -1  1.001    9614512    2374919   8749  21872    271  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQ

303.9016 15.737 16.811  -64  0.920     192149      52895   5528  13820     10
305.8987 15.722 16.811  -65  0.920     291736      72089   8749  21872      8  0.66(0.65-0.89)

303.9016 15.994 16.811  -49  0.935     293296      61690   5528  13820     11
305.8987 15.994 16.811  -49  0.935     360382      76254   8749  21872      9  0.81(0.65-0.89)

303.9016 16.236 16.811  -34  0.950     230609      61026   5528  13820     11
Empc Correction     169235      44526   5528  13820      8

305.8987 16.221 16.811  -35  0.949     219786      57827   8749  21872      7  1.05(0.65-0.89)

303.9016 16.463 16.811  -21  0.963     259738      55907   5528  13820     10
Empc Correction     184338      49592   5528  13820      9

305.8987 16.463 16.811  -21  0.963     239401      64406   8749  21872      7  1.08(0.65-0.89)

303.9016 16.750 16.811   -4  0.980    3073795     755954   5528  13820    137
305.8987 16.735 16.811   -5  0.979    3641749     901459   8749  21872    103  0.84(0.65-0.89)

303.9016 16.947 16.811    8  0.991     162054      37005   5528  13820      7
305.8987 16.962 16.811    9  0.992     202406      43453   8749  21872      5  0.80(0.65-0.89)

303.9016 17.536 16.811   43  1.026     450801     102902   5528  13820     19
Empc Correction     361598      81140   5528  13820     15

305.8987 17.536 16.811   43  1.026     469609     105377   8749  21872     12  0.96(0.65-0.89)
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 18.912 16.811  126  1.106     381806      84772   5528  13820     15
305.8987 18.897 16.811  125  1.105     433704     109074   8749  21872     12  0.88(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.793 17.793    0  1.011   58333649   13684170  18519  46297    739
333.9339 17.793 17.793    0  1.011   73446699   17238176  18108  45270    952  0.79(0.65-0.89)

2,3,7,8-TCDD M
319.8965 17.808 17.823   -1  1.001    1356942     337251   5676  14190     59 M
321.8936 17.808 17.823   -1  1.001    1821296     418838   3371   8427    124  0.75(0.65-0.89) M

37Cl4-2,3,7,8-TCDD
327.8847 17.808 17.823   -1  1.012  116765777   28173283  25086  62715   1123

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 16.145 17.249  -66  0.907      79306      23654   5676  14190      4
321.8936 16.145 17.249  -66  0.907      92905      21943   3371   8427      7  0.85(0.65-0.89)

319.8965 16.690 17.249  -34  0.938     923388     247108   5676  14190     44
321.8936 16.690 17.249  -34  0.938    1143297     307522   3371   8427     91  0.81(0.65-0.89)

319.8965 17.566 17.249   19  0.987     165724      41996   5676  14190      7
321.8936 17.566 17.249   19  0.987     244942      61120   3371   8427     18  0.68(0.65-0.89)

319.8965 17.702 17.249   27  0.995      36032      16253   5676  14190      3 M
321.8936 17.718 17.249   28  0.996      50371      20190   3371   8427      6  0.72(0.65-0.89)

319.8965 18.156 17.249   54  1.020     157037      35410   5676  14190      6
Empc Correction     111081      23491   5676  14190      4

321.8936 18.156 17.249   54  1.020     144262      30509   3371   8427      9  1.09(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.018 22.018    0  1.251   93626186   16199118  25260  63150    641
353.8970 22.018 22.018    0  1.251   59869219   10544733  15091  37727    699  1.56(1.32-1.78)

1,2,3,7,8-PeCDF RQ
339.8597 22.032 22.045   -1  1.001     216777      34855   2516   6290     14
341.8567 22.032 22.045   -1  1.001     191915      29875   4251  10627      7  1.13(1.32-1.78)

Empc Correction     139856      22487   4251  10627      5

13C-2,3,4,7,8-PeCDF
351.9000 23.327 23.341   -1  1.326   94673924   15640017  25260  63150    619
353.8970 23.327 23.341   -1  1.326   58952509    9555872  15091  37727    633  1.61(1.32-1.78)

2,3,4,7,8-PeCDF M
339.8597 23.355 23.355    0  1.001     150472      26168   2516   6290     10
341.8567 23.355 23.355    0  1.001     107219      17006   4251  10627      4  1.40(1.32-1.78) M

A F1 PeCDFs
339.8597 19.774    1475    3687
341.8567 19.774    3689    9222

A Non-2,3,7,8-sub-PeCDF RQM

339.8597 20.709 22.858 -129  0.941     169443      32097   2516   6290     13 M
341.8567 20.709 22.858 -129  0.941     130521      26289   4251  10627      6  1.30(1.32-1.78) M

Empc Correction     109318      20707   4251  10627      5

13C-1,2,3,7,8-PeCDD
367.8949 24.037 24.050   -1  1.366   60795776    9472532  10149  25372    933
369.8919 24.037 24.050   -1  1.366   37163111    5704230   7082  17705    805  1.64(1.32-1.78)
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDD
355.8546 24.077    3679    9197
357.8516 24.077    1874    4685

A Non-2,3,7,8-sub-PeCDD RQM

355.8546 20.900 22.973 -124  0.870     237024      42626   3679   9197     12
357.8516 20.914 22.973 -123  0.870     194993      32300   1874   4685     17  1.22(1.32-1.78)

Empc Correction     152918      27500   1874   4685     15

355.8546 21.636 22.973  -80  0.900     700466     134319   3679   9197     37 M
357.8516 21.623 22.973  -81  0.900     442490      82243   1874   4685     44  1.58(1.32-1.78)

355.8546 23.109 22.973    8  0.961     280129      37191   3679   9197     10 M
357.8516 23.109 22.973    8  0.961     176335      25883   1874   4685     14  1.59(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.180 30.193   -1  0.945   46200037    7794725  16992  42480    459
385.8610 30.180 30.193   -1  0.945   89423272   14933340  32836  82090    455  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF M
373.8208 30.206 30.206    0  1.001     224304      30886   2228   5570     14 M
375.8178 30.206 30.206    0  1.001     181091      27264   2175   5437     13  1.24(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.393 30.406   -1  0.951   45538995    7530801  16992  42480    443
385.8610 30.393 30.406   -1  0.951   89734784   14358017  32836  82090    437  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF RQM
373.8208 30.393 30.420   -2  1.000      73592      12975   2228   5570      6 M
375.8178 30.433 30.420    1  1.001      70894      14049   2175   5437      6  1.04(1.05-1.43)

Empc Correction      59348      10463   2175   5437      5

13C-2,3,4,6,7,8-HxCDF
383.8639 31.298 31.312   -1  0.980   41642892    9333661  16992  42480    549
385.8610 31.298 31.312   -1  0.980   83428461   18906961  32836  82090    576  0.50(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.325    2228    5570
375.8178 31.325    2175    5437

13C-1,2,3,7,8,9-HxCDF
383.8639 32.150 32.151    0  1.006   39024400    9351560  16992  42480    550
385.8610 32.150 32.151    0  1.006   75693312   17813750  32836  82090    543  0.52(0.43-0.59)

1,2,3,7,8,9-HxCDF RQM
373.8208 32.150 32.164   -1  1.000     111726      11456   2228   5570      5

Empc Correction      94468      21289   2228   5570     10
375.8178 32.150 32.164   -1  1.000      76184      17169   2175   5437      8  1.47(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDF RQM

373.8208 27.903 29.880 -118  0.925     137608      15656   2228   5570      7
Empc Correction     116997      18014   2228   5570      8

375.8178 27.850 29.880 -122  0.923      94353      14528   2175   5437      7  1.46(1.05-1.43)

373.8208 29.221 29.880  -39  0.968     141823      13802   2228   5570      6
375.8178 29.221 29.880  -39  0.968     101097      13258   2175   5437      6  1.40(1.05-1.43)

373.8208 30.978 29.880   66  0.000   2228   5570
375.8178 30.978 29.880   66  0.000   2175   5437  0.00(1.05-1.43)
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

373.8208 31.165 29.880   77  1.033      63569      10937   2228   5570      5 M
375.8178 31.165 29.880   77  1.033      57709      11172   2175   5437      5  1.10(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 31.951 31.964   -1  106732901   25412325  22400  56000   1134
403.8529 31.951 31.964   -1   82663095   19758491  16911  42277   1168  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.498 31.511   -1  0.986   52863813   13667928  22400  56000    610
403.8529 31.498 31.511   -1  0.986   41982295   10927871  16911  42277    646  1.26(1.05-1.43)

1,2,3,4,7,8-HxCDD RQMa
389.8157 31.511 31.525   -1  1.000      75739      23937   4494  11235      5 M
391.8127 31.511 31.525   -1  1.000      76041      23404   3391   8477      7  1.00(1.05-1.43)

Empc Correction      61079      19304   3391   8477      6

13C-1,2,3,6,7,8-HxCDD
401.8559 31.604 31.618   -1  0.989   60233414   13342358  22400  56000    596
403.8529 31.604 31.618   -1  0.989   47426283   10711811  16911  42277    633  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDD Ma
389.8157 31.631 31.631    0  1.001     107982      28130   4494  11235      6 M
391.8127 31.631 31.631    0  1.001     100055      23597   3391   8477      7  1.08(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.951 31.977   -2  1.014     328309      65730   4494  11235     15
391.8127 31.964 31.977   -1  1.015     275129      49094   3391   8477     14  1.19(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQ

389.8157 29.048 30.519  -88  0.919    4011156     477727   4494  11235    106
391.8127 29.048 30.519  -88  0.919    3159798     384169   3391   8477    113  1.27(1.05-1.43)

389.8157 30.699 30.519   11  0.971     858051     141732   4494  11235     32
391.8127 30.699 30.519   11  0.971     666656     118914   3391   8477     35  1.29(1.05-1.43)

389.8157 30.912 30.519   24  0.978     158865      29225   4494  11235      7
Empc Correction     111911      23090   4494  11235      5

391.8127 30.912 30.519   24  0.978      90251      18621   3391   8477      5  1.76(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.616 33.628   -1  1.052   26684215    8834173  37144  92860    238
419.8220 33.616 33.628   -1  1.052   60886408   19858587  70408 176020    282  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7818 33.628 33.628    0  1.000     256528      81465   6972  17430     12
409.7789 33.628 33.628    0  1.000     218432      65220   2695   6737     24  1.17(0.88-1.20) M

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.685 34.697   -1  1.086   27544804    8578557  37144  92860    231
419.8220 34.685 34.697   -1  1.086   63603868   19145829  70408 176020    272  0.43(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.709    6972   17430
409.7789 34.709    2695    6737

A Non-2,3,7,8-sub-HpCDF M

407.7818 33.919 34.169  -15  1.009     441065     123117   6972  17430     18 M
409.7789 33.919 34.169  -15  1.009     371505     114932   2695   6737     43  1.19(0.88-1.20)
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.405 34.418   -1  1.077   42236085   12607674  24675  61687    511
437.8140 34.405 34.418   -1  1.077   41317645   12365387  25468  63670    486  1.02(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.418 34.418    0  1.000    2942126     885394  11661  29152     76
425.7737 34.418 34.418    0  1.000    2823397     847512   9274  23185     91  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 33.871 34.144  -16  0.984    9812870    3087880  11661  29152    265
425.7737 33.859 34.144  -17  0.984    9305405    2897263   9274  23185    312  1.05(0.88-1.20)

13C-OCDD
469.7779 36.722 36.734   -1  1.149   55496467   14523363   8320  20800   1746
471.7750 36.722 36.734   -1  1.149   60444439   15501835   6235  15587   2486  0.92(0.76-1.02)

OCDF
441.7428 36.818 36.830   -1  1.003     972239     236370   2310   5775    102
443.7399 36.818 36.830   -1  1.003    1109596     291288   3810   9525     76  0.88(0.76-1.02)

OCDD
457.7377 36.734 36.746   -1  1.000   46716928   12355256   4157  10392   2972
459.7348 36.734 36.746   -1  1.000   52946635   14321262   4971  12427   2881  0.88(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Lims ID: 320-56953-A-5-A
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Inject. Date: 19-Dec-2019 18:56:35 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 11

Non-2,3,7,8-sub-TCDF, RT: 16.811

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.950 D 13C-2,3,7,8-TCDF                        100.000       193710028        49175158
Averages:

RRFn Qis Ris Area Ris Height
  0.950        100.000       193710028        49175158

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.737            192149             52895            291736             72089      0.2629 0.66
15.994            293296             61690            360382             76254      0.3551 0.81
16.236            230609             61026            219786             57827      0.2447 1.05 RQ
16.236            169235             44526            219786             57827      0.2114 Empc Correction
16.463            259738             55907            239401             64406      0.2712 1.08 RQ
16.463            184338             49592            239401             64406      0.2302 Empc Correction
16.750           3073795            755954           3641749            901459        3.65 0.84
16.947            162054             37005            202406             43453      0.1980 0.80
17.536            450801            102902            469609            105377      0.5001 0.96 RQ
17.536            361598             81140            469609            105377      0.4516 Empc Correction
18.912            381806             84772            433704            109074      0.4431 0.88
Signal Totals:

          4818271           1167574           5858773           1429939
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         10903021          2642090 0.86 RQ
         10677044          2597513 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.924 = (10903021 * 100.000) / (193710028 * 0.950)
Empc Amount:          5.801 = (10677044 * 100.000) / (193710028 * 0.950)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Lims ID: 320-56953-A-5-A
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Inject. Date: 19-Dec-2019 18:56:35 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 11

Non-2,3,7,8-sub-TCDD, RT: 17.249

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000       131780348        30922346
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000       131780348        30922346

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.145             79306             23654             92905             21943      0.1247 0.85
16.690            923388            247108           1143297            307522        1.50 0.81
17.566            165724             41996            244942             61120      0.2974 0.68
17.702             36032             16253             50371             20190      0.0626 0.72 Ma
18.156            157037             35410            144262             30509      0.2182 1.09 RQ
18.156            111081             23491            144262             30509      0.1849 Empc Correction
Signal Totals:

          1315531            352502           1675777            441284
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          3037264            805705 0.81 RQMa
          2991308            793786 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.200 = (3037264 * 100.000) / (131780348 * 1.048)
Empc Amount:          2.167 = (2991308 * 100.000) / (131780348 * 1.048)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Lims ID: 320-56953-A-5-A
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Inject. Date: 19-Dec-2019 18:56:35 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 11

Non-2,3,7,8-sub-PeCDF, RT: 22.858

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030 D 13C-1,2,3,7,8-PeCDF                     100.000       153495405        26743851
  2,3,4,7,8-PeCDF                    1.041 D 13C-2,3,4,7,8-PeCDF                     100.000       153626433        25195889
Averages:

RRFn Qis Ris Area Ris Height
  1.036        100.000       153560919        25969870

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

20.709            169443             32097            130521             26289      0.1886 1.30 RQM
20.709            169443             32097            109318             20707      0.1753 Empc Correction
Signal Totals:

           169443             32097            109318             20707
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           299964             58386 1.30 RQM
           278761             52804 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1886 = (299964 * 100.000) / (153560919 * 1.036)
Empc Amount:         0.1753 = (278761 * 100.000) / (153560919 * 1.036)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Lims ID: 320-56953-A-5-A
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Inject. Date: 19-Dec-2019 18:56:35 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 11

Non-2,3,7,8-sub-PeCDD, RT: 22.973

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.086 D 13C-1,2,3,7,8-PeCDD                     100.000        97958887        15176762
Averages:

RRFn Qis Ris Area Ris Height
  1.086        100.000        97958887        15176762

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

20.900            237024             42626            194993             32300      0.4063 1.22 RQ
20.900            237024             42626            152918             27500      0.3667 Empc Correction
21.636            700466            134319            442490             82243        1.07 1.58 M
23.109            280129             37191            176335             25883      0.4293 1.59 M
Signal Totals:

          1217619            214136            771743            135626
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          2031437            354562 1.50 RQM
          1989362            349762 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.910 = (2031437 * 100.000) / (97958887 * 1.086)
Empc Amount:          1.871 = (1989362 * 100.000) / (97958887 * 1.086)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Lims ID: 320-56953-A-5-A
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Inject. Date: 19-Dec-2019 18:56:35 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 11

Non-2,3,7,8-sub-HxCDF, RT: 29.880

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.147 D 13C-1,2,3,4,7,8-HxCDF                   100.000       135623309        22728065
  1,2,3,6,7,8-HxCDF                  1.145 D 13C-1,2,3,6,7,8-HxCDF                   100.000       135273779        21888818
  2,3,4,6,7,8-HxCDF                  1.173 D 13C-2,3,4,6,7,8-HxCDF                   100.000       125071353        28240622
  1,2,3,7,8,9-HxCDF                  1.172 D 13C-1,2,3,7,8,9-HxCDF                   100.000       114717712        27165310
Averages:

RRFn Qis Ris Area Ris Height
  1.159        100.000       127671538        25005703

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

27.903            137608             15656             94353             14528      0.1567 1.46 RQ
27.903            116997             18014             94353             14528      0.1428 Empc Correction
29.221            141823             13802            101097             13258      0.1642 1.40
30.978                 0                 0                 0                 0 0.00
31.165             63569             10937             57709             11172      0.0820 1.10 M
Signal Totals:

           322389             42753            253159             38958
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           596159             79353 1.35 RQM
           575548             81711 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.4028 = (596159 * 100.000) / (127671538 * 1.159)
Empc Amount:         0.3889 = (575548 * 100.000) / (127671538 * 1.159)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Lims ID: 320-56953-A-5-A
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Inject. Date: 19-Dec-2019 18:56:35 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 11

Non-2,3,7,8-sub-HxCDD, RT: 30.519

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.093 D 13C-1,2,3,4,7,8-HxCDD                   100.000        94846108        24595799
  1,2,3,6,7,8-HxCDD                  1.043 D 13C-1,2,3,6,7,8-HxCDD                   100.000       107659697        24054169
  1,2,3,7,8,9-HxCDD                  1.207
Averages:

RRFn Qis Ris Area Ris Height
  1.115        100.000       101252902        24324984

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.048           4011156            477727           3159798            384169        6.35 1.27
30.699            858051            141732            666656            118914        1.35 1.29
30.912            158865             29225             90251             18621      0.2207 1.76 RQ
30.912            111911             23090             90251             18621      0.1791 Empc Correction
Signal Totals:

          4981118            642549           3916705            521704
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          8944777           1170388 1.28 RQ
          8897823           1164253 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          7.926 = (8944777 * 100.000) / (101252902 * 1.115)
Empc Amount:          7.885 = (8897823 * 100.000) / (101252902 * 1.115)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Lims ID: 320-56953-A-5-A
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Inject. Date: 19-Dec-2019 18:56:35 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 11

Non-2,3,7,8-sub-HpCDF, RT: 34.169

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.480 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        87570623        28692760
  1,2,3,4,7,8,9-HpCDF                1.293 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        91148672        27724386
Averages:

RRFn Qis Ris Area Ris Height
  1.387        100.000        89359647        28208573

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

33.919            441065            123117            371505            114932      0.6557 1.19 M
Signal Totals:

           441065            123117            371505            114932
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           812570            238049 1.19 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.6557 = (812570 * 100.000) / (89359647 * 1.387)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Lims ID: 320-56953-A-5-A
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Inject. Date: 19-Dec-2019 18:56:35 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 11

Non-2,3,7,8-sub-HpCDD, RT: 34.144

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.054 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        83553730        24973061
Averages:

RRFn Qis Ris Area Ris Height
  1.054        100.000        83553730        24973061

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

33.871           9812870           3087880           9305405           2897263        21.7 1.05
Signal Totals:

          9812870           3087880           9305405           2897263
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         19118275          5985143 1.05

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         21.719 = (19118275 * 100.000) / (83553730 * 1.054)
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  17.81
Area: 1871667
Amount:    2.387894
Amount Units: pg/ul
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Manual Integration Results
RT:  17.81
Area: 1821296
Amount:    2.301919
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:26:54
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  17.81
Area: 1425275
Amount:    2.387894
Amount Units: pg/ul
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Manual Integration Results
RT:  17.81
Area: 1356942
Amount:    2.301919
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:26:55
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 15.59- 18.91)
Signal: 1

Processing Integration Results
Not Detected
RT:  15.59- 18.91
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Manual Integration Results
RT = 17.702 Area = 36032 M
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Reviewer: dadunj, 20-Dec-2019 14:27:02
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

2,3,4,7,8-PeCDF, CAS: 57117-31-4
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  23.35
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Manual Integration Results
RT:  23.35
Area: 107219
Amount:    0.161137
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:27:27
Audit Action: Manually Integrated Audit Reason: Assign Peak
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 20.42- 25.29)
Signal: 1

Processing Integration Results
RT = 20.709 Area = 175074
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Manual Integration Results
RT = 20.709 Area = 169443 M
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Reviewer: dadunj, 20-Dec-2019 14:27:42
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 20.42- 25.29)
Signal: 2

Processing Integration Results
RT = 20.709 Area = 140228
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Manual Integration Results
RT = 20.709 Area = 130521 M
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Reviewer: dadunj, 20-Dec-2019 14:27:49
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 20.87- 25.08)
Signal: 1

Processing Integration Results
RT = 21.636 Area = 812037
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Manual Integration Results
RT = 21.636 Area = 700466 M
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Reviewer: dadunj, 20-Dec-2019 14:28:04
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 20.87- 25.08)
Signal: 1

Processing Integration Results
RT = 23.109 Area = 327872
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Manual Integration Results
RT = 23.109 Area = 280129 M
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Reviewer: dadunj, 20-Dec-2019 14:28:04
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 1

Processing Integration Results
RT:  30.21
Area: 230848
Amount:    0.264763
Amount Units: pg/ul
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Manual Integration Results
RT:  30.21
Area: 224304
Amount:    0.260557
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:28:22
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  30.39
Area: 77310
Amount:    0.095682
Amount Units: pg/ul
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Manual Integration Results
RT:  30.39
Area: 73592
Amount:    0.093281
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:28:22
Audit Action: Manually Integrated Audit Reason: Baseline
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
RT:  32.15
Area: 96950
Amount:    0.155254
Amount Units: pg/ul
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Manual Integration Results
RT:  32.15
Area: 76184
Amount:    0.139804
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:28:38
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 27.47- 32.29)
Signal: 1

Processing Integration Results
RT = 31.165 Area = 121779
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Manual Integration Results
RT = 31.165 Area = 63569 M
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Reviewer: dadunj, 20-Dec-2019 14:29:23
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.63
Area: 176099
Amount:    0.273938
Amount Units: pg/ul
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Manual Integration Results
RT:  31.51
Area: 76041
Amount:    0.146361
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:29:40
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 3

Processing Integration Results
RT:  31.63
Area: 284081
Amount:    0.273938
Amount Units: pg/ul
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Manual Integration Results
RT:  31.51
Area: 151780
Amount:    0.146361
Amount Units: pg/ul
Reviewer: dadunj, 20-Dec-2019 14:29:40
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  31.63
Area: 107982
Amount:    0.273938
Amount Units: pg/ul
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Manual Integration Results
RT:  31.51
Area: 75739
Amount:    0.146361
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:29:41
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  31.63
Area: 176099
Amount:    0.253014
Amount Units: pg/ul
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Manual Integration Results
RT:  31.63
Area: 100055
Amount:    0.185286
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:29:45
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  31.63
Area: 284081
Amount:    0.253014
Amount Units: pg/ul
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Manual Integration Results
RT:  31.63
Area: 208037
Amount:    0.185286
Amount Units: pg/ul
Reviewer: dadunj, 20-Dec-2019 14:29:45
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  31.63
Area: 107982
Amount:    0.253014
Amount Units: pg/ul
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Manual Integration Results
RT:  31.63
Area: 107982
Amount:    0.185286
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:29:47
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak

Page 445 of 1153



Report Date: 20-Dec-2019 14:31:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  33.63
Area: 231448
Amount:    0.376421
Amount Units: pg/ul
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Manual Integration Results
RT:  33.63
Area: 218432
Amount:    0.366381
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:30:03
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Instrument ID: 3D5
Lims ID: 320-56953-A-5-A          Lab Sample ID: 320-56953-5              
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Operator ID:  AJS ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7818, RT: ( 33.60- 34.74)
Signal: 1

Processing Integration Results
RT = 33.919 Area = 489106

33.3 33.5 33.7 33.9 34.1 34.3 34.5 34.7
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13
Y

 ( 
X

10
00

0)
F4:m/z     407.7818:SG5Pt_x1

Manual Integration Results
RT = 33.919 Area = 441065 M
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Reviewer: dadunj, 20-Dec-2019 14:30:11
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min
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F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          17.81

14.30

37Cl4-TCDD Standards
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F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.60

13C-2,3,7,8-TCDD
          17.79
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.60

13C-2,3,7,8-TCDD
          17.79
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Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
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F1:m/z     339.8597:SG5Pt_x1
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F1:m/z     341.8567:SG5Pt_x1
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Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4
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Y
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X
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F1:m/z     339.8597:SG5Pt_x1
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F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min
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Y
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X
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F1:m/z     409.7974:SG5Pt_x1

14.98

15.45
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Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
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F2:m/z     339.8597:SG5Pt_x1
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F2:m/z     341.8567:SG5Pt_x1

PeCDF Standards
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F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.02

22.51
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F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.02

22.54
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Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min
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F2:m/z     339.8597:SG5Pt_x1
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F2:m/z     341.8567:SG5Pt_x1

PeCDF Interference Mass
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Min
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F2:m/z     409.7974:SG5Pt_x1

24.87

22.15
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Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min
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F2:m/z     355.8546:SG5Pt_x1
Non-2,3,7,8-sub-PeCDD
          21.64
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F2:m/z     357.8516:SG5Pt_x1

Non-2,3,7,8-sub-PeCDD
          21.62

PeCDD Standards
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F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.04
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13C-1,2,3,7,8-PeCDD
          24.04
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Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.21

Non-2,3,7,8-sub-HxCDF
          27.90 1,2,3,7,8,9-HxCDF

          32.15
31.34
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F3:m/z     375.8178:SG5Pt_x1
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          30.21

1,2,3,7,8,9-HxCDF
          32.15Non-2,3,7,8-sub-HxCDF

          27.85
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HxCDF Standards
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F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.15
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F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.15

Page 457 of 1153



Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento
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Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min
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F3:m/z     373.8208:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.21

Non-2,3,7,8-sub-HxCDF
          27.90

1,2,3,7,8,9-HxCDF
          32.15

31.34
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F3:m/z     375.8178:SG5Pt_x1

1,2,3,4,7,8-HxCDF
          30.21

1,2,3,7,8,9-HxCDF
          32.15Non-2,3,7,8-sub-HxCDF

          27.85 1,2,3,6,7,8-HxCDF
          30.43

32.44

HxCDF Interference Mass
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F3:m/z     445.7555:SG5Pt_x1
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Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD
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F3:m/z     389.8157:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          29.05

Non-2,3,7,8-sub-HxCDD
          30.70

32.30
31.3030.26
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F3:m/z     391.8127:SG5Pt_x1
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          29.05
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HxCDD Standards
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F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.95
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F3:m/z     403.8529:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.95
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Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
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F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

33.81 34.13
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F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

33.52

HpCDF Standards
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F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.62
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F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.62

Page 460 of 1153



Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
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F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

33.81 34.13
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F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

33.52

HpCDF Interference Mass
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F4:m/z     479.7165:SG5Pt_x1
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Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min
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)

F4:m/z     423.7766:SG5Pt_x1
Non-2,3,7,8-sub-HpCDD
          33.87

1,2,3,4,6,7,8-HpCDD
          34.42
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F4:m/z     425.7737:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          33.86

1,2,3,4,6,7,8-HpCDD
          34.42

HpCDD Standards
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F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.41

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.41
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Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 20-Dec-2019 14:31:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_11.d
Injection Date: 19-Dec-2019 18:56:35 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346752 Sample Line#: 11
Column Type: DB-5 Column Dia:  0.32 mm
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(0-1) RA

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-5 RA

Eurofins TestAmerica, Sacramento

Matrix: 19DE19A11D2_010.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  21:57

Low2(uL)

20(uL)

% Moisture: 58.4

Sample wt/vol: 10.09(g)

N

Analysis Batch No.: 346764 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

2.4 0.3051207-31-9 2,3,7,8-TCDF 43

%RECCAS NO. LIMITSQISOTOPE DILUTION

67 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

109 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:38:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_010.d
Lims ID: 320-56953-A-5-A          
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Sample Type: Client
Inject. Date: 19-Dec-2019 21:57:56 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-5-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:25

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.368  219199251 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.548  195255093 0.77   1.3379        66.6        66.6   0.1612   0.1612  66.58
  2,3,7,8-TCDF 16.561   14757088 0.81   0.8389       9.009       9.009   0.0627   0.0627
D 13C-2,3,7,8-TCDD 15.121  126651270 0.78   0.9388        61.5        61.5   0.5322   0.5322  61.54
  2,3,7,8-TCDD 15.134    3987690 0.73   1.1538       2.729       2.729   0.0670   0.0670
$ 37Cl4-2,3,7,8-TCDD 15.134  113256297   1.1816        43.7        43.7   0.0386   0.0386    109

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 20-Dec-2019 14:38:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_010.d
Lims ID: 320-56953-A-5-A          
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Sample Type: Client
Inject. Date: 19-Dec-2019 21:57:56 ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-5-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:25

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.368 15.376   -1   95766343   21299104  49737 124342    428
333.9339 15.368 15.376   -1  123432908   27459852  47713 119282    576  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.548 16.556   -1  1.077   85100005   16817405  22655  56637    742
317.9389 16.548 16.556   -1  1.077  110155088   21775582  19412  48530   1122  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.561 16.570   -1  1.001    6598703    1277559   2873   7182    445
305.8987 16.561 16.570   -1  1.001    8158385    1586293   5245  13112    302  0.81(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.121 15.116    0  0.984   55584023   12429205  49737 124342    250
333.9339 15.121 15.116    0  0.984   71067247   15503820  47713 119282    325  0.78(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.134 15.143   -1  1.001    1688818     344711   5350  13375     64
321.8936 15.148 15.143    0  1.002    2298872     462115   3284   8210    141  0.73(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.134 15.143   -1  0.985  113256297   24599232   8885  22212   2769

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 20-Dec-2019 14:38:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_010.d
Injection Date: 19-Dec-2019 21:57:56 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346764 Sample Line#: 10
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 20-Dec-2019 14:38:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_010.d
Injection Date: 19-Dec-2019 21:57:56 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346764 Sample Line#: 10
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 20-Dec-2019 14:38:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_010.d
Injection Date: 19-Dec-2019 21:57:56 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346764 Sample Line#: 10
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 20-Dec-2019 14:38:16 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_010.d
Injection Date: 19-Dec-2019 21:57:56 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(0-1)
Worklist#: 346764 Sample Line#: 10
Column Type: DB-225 Column Dia:  0.32 mm
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(1-2)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-6

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_12.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  19:44

Low2(uL)

20(uL)

% Moisture: 49.2

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.9 0.411746-01-6 2,3,7,8-TCDD 13

9.7 0.7140321-76-4 1,2,3,7,8-PeCDD ND

9.7 0.46J q57117-41-6 1,2,3,7,8-PeCDF 1.6

9.7 0.48J57117-31-4 2,3,4,7,8-PeCDF 1.0

9.7 0.47J q39227-28-6 1,2,3,4,7,8-HxCDD 0.98

9.7 0.46J q57653-85-7 1,2,3,6,7,8-HxCDD 1.5

9.7 0.41J19408-74-3 1,2,3,7,8,9-HxCDD 2.3

9.7 0.39J q70648-26-9 1,2,3,4,7,8-HxCDF 1.8

9.7 0.40J57117-44-9 1,2,3,6,7,8-HxCDF 1.2

9.7 0.3172918-21-9 1,2,3,7,8,9-HxCDF ND

9.7 0.3160851-34-5 2,3,4,6,7,8-HxCDF ND

9.7 1.5B35822-46-9 1,2,3,4,6,7,8-HpCDD 57

9.7 0.44J q B67562-39-4 1,2,3,4,6,7,8-HpCDF 4.2

9.7 0.5655673-89-7 1,2,3,4,7,8,9-HpCDF ND

19 1.9B3268-87-9 OCDD 2100

19 0.59B39001-02-0 OCDF 35

1.9 0.41q41903-57-5 Total TCDD 19

1.9 0.57q30402-14-3 Total TCDF 89

9.7 0.71J q36088-22-9 Total PeCDD 5.3

9.7 0.47J q30402-15-4 Total PeCDF 5.4

9.7 0.45q34465-46-8 Total HxCDD 40

9.7 0.35J q55684-94-1 Total HxCDF 6.4

9.7 1.5B37871-00-4 Total HpCDD 220

9.7 0.50q B38998-75-3 Total HpCDF 12

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(1-2)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-6

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_12.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  19:44

Low2(uL)

20(uL)

% Moisture: 49.2

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

65 25-16476523-40-5 13C-2,3,7,8-TCDD

64 24-16989059-46-1 13C-2,3,7,8-TCDF

62 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

61 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

66 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

66 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

70 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

68 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

65 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

61 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

65 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

65 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

60 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

68 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

64 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

102 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A          
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Sample Type: Client
Inject. Date: 19-Dec-2019 19:44:08 ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-6-A  320-56953-A-6-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 22-Dec-2019 12:56:22 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: krenns Date: 22-Dec-2019 12:56:22

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.581  114604919 0.80  2.2E+06       100.0       100.0  a

D 13C-2,3,7,8-TCDF 17.083  104641840 0.80   1.4157        64.5        64.5   0.1996   0.1996  64.49
  2,3,7,8-TCDF 17.098   13179751 0.81   0.9502        13.3        13.3   0.1470   0.1470
A Non-2,3,7,8-sub-TCDF 16.811    9585140 0.77   0.9502       9.759       9.640   0.1470    5.759  RQa
S Total TCDF        23.0        22.9   0.1470   0.1470  RQ

D 13C-2,3,7,8-TCDD 17.778   72929931 0.81   0.9751        65.3        65.3   0.3016   0.3016  65.26
  2,3,7,8-TCDD 17.793    2527864 0.88   1.0477       3.308       3.308   0.1044   0.1044  M
$ 37Cl4-2,3,7,8-TCDD 17.793   62785478   1.3480        40.6        40.6   0.1476   0.1476    102

A Non-2,3,7,8-sub-TCDD 17.249    1192560 0.77   1.0477       1.724       1.561   0.1044   0.8899  RQMa
S Total TCDD       5.032       4.869   0.1044   0.1044  RQ

D 13C-1,2,3,7,8-PeCDF 22.032   82285944 1.55   1.1786        60.9        60.9   0.2349   0.2349  60.92
  1,2,3,7,8-PeCDF 22.059     357040 1.55   1.0302      0.4718      0.4212   0.1187   0.1187  RQM
D 13C-2,3,4,7,8-PeCDF 23.355   85523009 1.57   1.1308        66.0        66.0   0.2449   0.2449  65.99
  2,3,4,7,8-PeCDF 23.396     234565 1.67   1.0410      0.2635      0.2635   0.1223   0.1223  M
A F1 PeCDFs 19.774     209500 1.50   1.0356      0.2411      0.2411   0.1022   0.2411
A Non-2,3,7,8-sub-PeCDF 22.858     394674 1.44   1.0356      0.4542      0.4542   0.1204   0.4542  M
S Total PeCDF       1.431       1.380   0.1205   0.1205  RQ

D 13C-1,2,3,7,8-PeCDD 24.050   53446945 1.55   0.7572        61.6        61.6   0.1482   0.1482  61.59
  1,2,3,7,8-PeCDD 24.077   0.1827   0.1827
A Non-2,3,7,8-sub-PeCDD 22.973     788700 1.55   1.0855       1.625       1.359   0.1827   0.8273  RQM
S Total PeCDD       1.625       1.359   0.1827   0.1827  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.193   72671335 0.52   1.1043        67.9        67.9   0.3178   0.3178  67.91
  1,2,3,4,7,8-HxCDF 30.233     380265 1.24   1.1472      0.5195      0.4561   0.1010   0.1010  RQM
D 13C-1,2,3,6,7,8-HxCDF 30.406   72448703 0.54   1.1470        65.2        65.2   0.3060   0.3060  65.18
  1,2,3,6,7,8-HxCDF 30.420     248862 1.24   1.1450      0.3000      0.3000   0.1024   0.1024
D 13C-2,3,4,6,7,8-HxCDF 31.312   67539960 0.54   1.0769        64.7        64.7   0.3259   0.3259  64.72
  2,3,4,6,7,8-HxCDF 31.325   0.0793   0.0793
D 13C-1,2,3,7,8,9-HxCDF 32.151   60239983 0.51   1.0115        61.5        61.5   0.3470   0.3470  61.46
  1,2,3,7,8,9-HxCDF 32.164   0.0800   0.0800
A Non-2,3,7,8-sub-HxCDF 29.880     697827 1.26   1.1591      0.8824      0.8824   0.0894   0.4899  M
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF       1.702       1.639   0.0907   0.0907  RQ

* 13C-1,2,3,7,8,9-HxCDD 31.964   96905551 1.25  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.511   51308406 1.28   0.7962        66.5        66.5   0.3608   0.3608  66.50
  1,2,3,4,7,8-HxCDD 31.525     140822 1.24   1.0934      0.2871      0.2510   0.1218   0.1218  RQM
D 13C-1,2,3,6,7,8-HxCDD 31.618   59154503 1.29   0.8720        70.0        70.0   0.3294   0.3294  70.00
  1,2,3,6,7,8-HxCDD 31.631     235603 1.24   1.0429      0.4246      0.3819   0.1191   0.1191  RQMa
  1,2,3,7,8,9-HxCDD 31.977     391862 1.24   1.2073      0.5877      0.5877   0.1064   0.1064  M
A Non-2,3,7,8-sub-HxCDD 30.519    5550153 1.24   1.1145       9.016       9.016   0.1153    6.691
S Total HxCDD        10.3        10.2   0.1158   0.1158  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.616   43792139 0.42   0.7577        59.6        59.6    1.118    1.118  59.64
  1,2,3,4,6,7,8-HpCDF 33.628     694619 1.04   1.4804       1.182       1.071   0.1131   0.1131  RQM
D 13C-1,2,3,4,7,8,9-HpCDF 34.685   45476311 0.44   0.6941        67.6        67.6    1.220    1.220  67.61
  1,2,3,4,7,8,9-HpCDF 34.709   0.1447   0.1447
A Non-2,3,7,8-sub-HpCDF 34.169    1230838 1.04   1.3868       2.034       1.988   0.1275    1.746  RQMa
S Total HpCDF       3.216       3.060   0.1289   0.1289  RQ

D 13C-1,2,3,4,6,7,8-HpCDD 34.405   44197021 1.07   0.7058        64.6        64.6   0.3675   0.3675  64.62
  1,2,3,4,6,7,8-HpCDD 34.418    6814501 0.98   1.0535        14.6        14.6   0.3975   0.3975
A Non-2,3,7,8-sub-HpCDD 34.144   19596288 1.05   1.0535        42.1        42.1   0.3975     42.1
S Total HpCDD        56.7        56.7   0.3975   0.3975

D 13C-OCDD 36.734   57249050 0.88   0.4603       128.4       128.4   0.3197   0.3197  64.18
  OCDF 36.830    3612013 0.87   1.3945       9.049       9.049   0.1518   0.1518
  OCDD 36.734  171880720 0.88   1.1362       528.5       528.5   0.4813   0.4813

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A          
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Sample Type: Client
Inject. Date: 19-Dec-2019 19:44:08 ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-6-A  320-56953-A-6-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 22-Dec-2019 12:56:22 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: krenns Date: 22-Dec-2019 12:56:22

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD a
331.9368 17.581 17.612   -2   51097666   12504473  23717  59292    527 a
333.9339 17.581 17.612   -2   63507253   15454805   9169  22922   1686  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.083 17.113   -2  0.972   46346957   11542145  16353  40882    706
317.9389 17.083 17.113   -2  0.972   58294883   14178065  15248  38120    930  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.098 17.128   -2  1.001    5886084    1331876   6331  15827    210
305.8987 17.098 17.128   -2  1.001    7293667    1719598   8041  20102    214  0.81(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQa

303.9016 15.707 16.811  -66  0.919     175566      45427   6331  15827      7
305.8987 15.707 16.811  -66  0.919     290818      74016   8041  20102      9  0.60(0.65-0.89)

Empc Correction     228007      58996   8041  20102      7

303.9016 15.994 16.811  -49  0.936     271006      57172   6331  15827      9
305.8987 15.979 16.811  -50  0.935     310668      69273   8041  20102      9  0.87(0.65-0.89)

303.9016 16.206 16.811  -36  0.949     189106      46548   6331  15827      7
305.8987 16.221 16.811  -35  0.950     235236      62776   8041  20102      8  0.80(0.65-0.89)

303.9016 16.448 16.811  -22  0.963     259653      50044   6331  15827      8
305.8987 16.448 16.811  -22  0.963     356642      61765   8041  20102      8  0.73(0.65-0.89)

303.9016 16.720 16.811   -5  0.979    2582589     643775   6331  15827    102 a
305.8987 16.720 16.811   -5  0.979    3143739     806610   8041  20102    100  0.82(0.65-0.89)

303.9016 16.947 16.811    8  0.992     135093      37205   6331  15827      6
305.8987 16.947 16.811    8  0.992     230861      47327   8041  20102      6  0.59(0.65-0.89)

Empc Correction     175445      48318   8041  20102      6

303.9016 17.521 16.811   43  1.026     367166      78804   6331  15827     12
305.8987 17.521 16.811   43  1.026     422318      99226   8041  20102     12  0.87(0.65-0.89)
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 18.897 16.811  125  1.106     334104      81199   6331  15827     13
305.8987 18.897 16.811  125  1.106     398802      84993   8041  20102     11  0.84(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.778 17.793   -1  1.011   32543966    7400772  23717  59292    312
333.9339 17.778 17.793   -1  1.011   40385965    9276216   9169  22922   1012  0.81(0.65-0.89)

2,3,7,8-TCDD M
319.8965 17.793 17.823   -2  1.001    1185960     258224   4397  10992     59
321.8936 17.793 17.823   -2  1.001    1341904     312782   2898   7245    108  0.88(0.65-0.89) M

37Cl4-2,3,7,8-TCDD
327.8847 17.793 17.823   -2  1.012   62785478   14663477  22250  55625    659

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 16.674 17.249  -34  0.938     372271      93414   4397  10992     21
Empc Correction     295818      81895   4397  10992     19

321.8936 16.674 17.249  -34  0.938     384180     106358   2898   7245     37  0.97(0.65-0.89)

319.8965 17.551 17.249   18  0.987      69086      19324   4397  10992      4
321.8936 17.551 17.249   18  0.987     109363      27950   2898   7245     10  0.63(0.65-0.89)

Empc Correction      89722      25096   2898   7245      9

319.8965 17.688 17.249   26  0.995      63889      22583   4397  10992      5 M
Empc Correction      35481      12378   4397  10992      3

321.8936 17.688 17.249   26  0.995      46080      16076   2898   7245      6  1.39(0.65-0.89)

319.8965 18.156 17.249   54  1.021     119315      26275   4397  10992      6
321.8936 18.171 17.249   55  1.022     152878      33566   2898   7245     12  0.78(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.032 22.018    1  1.253   49963775    8485740  18048  45120    470
353.8970 22.018 22.018    0  1.252   32322169    5544153  12918  32295    429  1.55(1.32-1.78)

1,2,3,7,8-PeCDF RQM
339.8597 22.059 22.045    1  1.001     259972      46041   2438   6095     19

Empc Correction     217024      32247   2438   6095     13
341.8567 22.032 22.045   -1  1.000     140016      20805   4422  11055      5  1.86(1.32-1.78) M

13C-2,3,4,7,8-PeCDF
351.9000 23.355 23.341    1  1.328   52228728    8099095  18048  45120    449
353.8970 23.355 23.341    1  1.328   33294281    5369388  12918  32295    416  1.57(1.32-1.78)

2,3,4,7,8-PeCDF M
339.8597 23.396 23.355    2  1.002     146723      24274   2438   6095     10
341.8567 23.368 23.355    1  1.001      87842      17281   4422  11055      4  1.67(1.32-1.78) M

A F1 PeCDFs

339.8597 19.199 19.774  -34  0.871     125698      18723   1483   3707     13
341.8567 19.184 19.774  -35  0.871      83802      17551   4340  10850      4  1.50(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF M

339.8597 20.709 22.858 -129  0.940     233191      34598   2438   6095     14 M
341.8567 20.709 22.858 -129  0.940     161483      25357   4422  11055      6  1.44(1.32-1.78) M

13C-1,2,3,7,8-PeCDD
367.8949 24.050 24.050    0  1.368   32452902    4624589   6015  15037    769
369.8919 24.050 24.050    0  1.368   20994043    3134919   6534  16335    480  1.55(1.32-1.78)
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDD
355.8546 24.077    4245   10612
357.8516 24.077    1911    4777

A Non-2,3,7,8-sub-PeCDD RQM

355.8546 20.900 22.973 -124  0.869     187664      34522   4245  10612      8
357.8516 20.927 22.973 -122  0.870     199091      34440   1911   4777     18  0.94(1.32-1.78)

Empc Correction     121073      22272   1911   4777     12

355.8546 21.664 22.973  -78  0.901     367655      61233   4245  10612     14 M
Empc Correction     291742      47206   4245  10612     11

357.8516 21.650 22.973  -79  0.900     188221      30456   1911   4777     16  1.95(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.193 30.193    0  0.945   24902735    4118262  11587  28967    355
385.8610 30.193 30.193    0  0.945   47768600    7618073  20604  51510    370  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF RQM
373.8208 30.233 30.206    2  1.001     210504      36110   3090   7725     12
375.8178 30.233 30.206    2  1.001     222619      32231   2350   5875     14  0.95(1.05-1.43) M

Empc Correction     169761      29120   2350   5875     12

13C-1,2,3,6,7,8-HxCDF
383.8639 30.406 30.406    0  0.951   25436221    3953652  11587  28967    341
385.8610 30.406 30.406    0  0.951   47012482    7649251  20604  51510    371  0.54(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.420 30.420    0  1.000     137906      24515   3090   7725      8
375.8178 30.420 30.420    0  1.000     110956      21930   2350   5875      9  1.24(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.312 31.312    0  0.980   23543126    5092975  11587  28967    440
385.8610 31.312 31.312    0  0.980   43996834    9532176  20604  51510    463  0.54(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.325    3090    7725
375.8178 31.325    2350    5875

13C-1,2,3,7,8,9-HxCDF
383.8639 32.151 32.151    0  1.006   20278841    4842750  11587  28967    418
385.8610 32.151 32.151    0  1.006   39961142    9660865  20604  51510    469  0.51(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.164    3090    7725
375.8178 32.164    2350    5875

A Non-2,3,7,8-sub-HxCDF M

373.8208 27.916 29.880 -118  0.925     209547      27434   3090   7725      9
375.8178 27.903 29.880 -118  0.924     177890      17688   2350   5875      8  1.18(1.05-1.43)

373.8208 29.221 29.880  -39  0.968     179822      21667   3090   7725      7
375.8178 29.248 29.880  -38  0.969     130568      16906   2350   5875      7  1.38(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 31.964 31.964    0   53802901   12794598  13193  32982    970
403.8529 31.964 31.964    0   43102650   10135222  13152  32880    771  1.25(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.511 31.511    0  0.986   28762411    7153108  13193  32982    542
403.8529 31.511 31.511    0  0.986   22545995    5486336  13152  32880    417  1.28(1.05-1.43)
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8-HxCDD RQM
389.8157 31.525 31.525    0  1.000      98167      23994   3493   8732      7 M

Empc Correction      77955      19071   3493   8732      5
391.8127 31.525 31.525    0  1.000      62867      15380   3238   8095      5  1.56(1.05-1.43) M

13C-1,2,3,6,7,8-HxCDD
401.8559 31.618 31.618    0  0.989   33311656    7709942  13193  32982    584
403.8529 31.618 31.618    0  0.989   25842847    5837073  13152  32880    444  1.29(1.05-1.43)

1,2,3,6,7,8-HxCDD RQMa
389.8157 31.631 31.631    0  1.000     156741      34740   3493   8732     10 M

Empc Correction     130423      36981   3493   8732     11
391.8127 31.631 31.631    0  1.000     105180      29824   3238   8095      9  1.49(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8157 31.977 31.977    0  1.015     216930      44003   3493   8732     13 M
391.8127 31.977 31.977    0  1.015     174932      32708   3238   8095     10  1.24(1.05-1.43) M

A Non-2,3,7,8-sub-HxCDD

389.8157 29.061 30.519  -87  0.919    2315306     274759   3493   8732     79
391.8127 29.088 30.519  -86  0.920    1803805     210588   3238   8095     65  1.28(1.05-1.43)

389.8157 30.699 30.519   11  0.971     636736     118725   3493   8732     34
391.8127 30.712 30.519   12  0.971     566368      90839   3238   8095     28  1.12(1.05-1.43)

389.8157 30.939 30.519   25  0.979     120616      19187   3493   8732      5
391.8127 30.926 30.519   24  0.978     107322      17602   3238   8095      5  1.12(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.616 33.628   -1  1.052   12851093    4291367  21531  53827    199
419.8220 33.616 33.628   -1  1.052   30941046    9969686  56136 140340    178  0.42(0.37-0.51)

1,2,3,4,6,7,8-HpCDF RQM
407.7818 33.628 33.628    0  1.000     425697     127387   6680  16700     19 M

Empc Correction     354119     126365   6680  16700     19
409.7789 33.628 33.628    0  1.000     340500     121505   2875   7187     42  1.25(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.685 34.697   -1  1.085   13896429    4004577  21531  53827    186
419.8220 34.685 34.697   -1  1.085   31579882    8762489  56136 140340    156  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.709    6680   16700
409.7789 34.709    2875    7187

A Non-2,3,7,8-sub-HpCDF RQMa

407.7818 33.931 34.169  -14  1.009     576471     177189   6680  16700     27 M
409.7789 33.919 34.169  -15  1.009     504001     168458   2875   7187     59  1.14(0.88-1.20)

407.7818 34.017 34.169   -9  1.012     104879      29046   6680  16700      4 M
Empc Correction      76657      34123   6680  16700      5

409.7789 34.017 34.169   -9  1.012      73709      32811   2875   7187     11  1.42(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.405 34.418   -1  1.076   22839991    6980701  10361  25902    674
437.8140 34.405 34.418   -1  1.076   21357030    6581999  13433  33582    490  1.07(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.418 34.418    0  1.000    3367249    1050913  11563  28907     91
425.7737 34.418 34.418    0  1.000    3447252    1019962  11159  27897     91  0.98(0.88-1.20)
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HpCDD

423.7766 33.871 34.144  -16  0.984   10032033    3209086  11563  28907    278
425.7737 33.871 34.144  -16  0.984    9564255    3001627  11159  27897    269  1.05(0.88-1.20)

13C-OCDD
469.7779 36.734 36.734    0  1.149   26787317    6900453   6955  17387    992
471.7750 36.722 36.734   -1  1.149   30461733    7833642   6541  16352   1198  0.88(0.76-1.02)

OCDF
441.7428 36.830 36.830    0  1.003    1676070     418901   2403   6007    174
443.7399 36.818 36.830   -1  1.002    1935943     476089   3834   9585    124  0.87(0.76-1.02)

OCDD
457.7377 36.734 36.746   -1  1.000   80684789   21034760   7756  19390   2712
459.7348 36.734 36.746   -1  1.000   91195931   23700221   8360  20900   2835  0.88(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Inject. Date: 19-Dec-2019 19:44:08 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 12

Non-2,3,7,8-sub-TCDF, RT: 16.811

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.950 D 13C-2,3,7,8-TCDF                        100.000       104641840        25720210
Averages:

RRFn Qis Ris Area Ris Height
  0.950        100.000       104641840        25720210

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.707            175566             45427            290818             74016      0.4691 0.60 RQ
15.707            175566             45427            228007             58996      0.4059 Empc Correction
15.994            271006             57172            310668             69273      0.5850 0.87
16.206            189106             46548            235236             62776      0.4268 0.80
16.448            259653             50044            356642             61765      0.6198 0.73
16.720           2582589            643775           3143739            806610        5.76 0.82 a
16.947            135093             37205            230861             47327      0.3681 0.59 RQ
16.947            135093             37205            175445             48318      0.3123 Empc Correction
17.521            367166             78804            422318             99226      0.7940 0.87
18.897            334104             81199            398802             84993      0.7371 0.84
Signal Totals:

          4314283           1040174           5270857           1291957
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          9703367           2346160 0.80 RQa
          9585140           2332131 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          9.759 = (9703367 * 100.000) / (104641840 * 0.950)
Empc Amount:          9.640 = (9585140 * 100.000) / (104641840 * 0.950)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
a - User Assigned ID
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Inject. Date: 19-Dec-2019 19:44:08 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 12

Non-2,3,7,8-sub-TCDD, RT: 17.249

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000        72929931        16676988
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000        72929931        16676988

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.674            372271             93414            384180            106358      0.9900 0.97 RQ
16.674            295818             81895            384180            106358      0.8899 Empc Correction
17.551             69086             19324            109363             27950      0.2335 0.63 RQ
17.551             69086             19324             89722             25096      0.2078 Empc Correction
17.688             63889             22583             46080             16076      0.1439 1.39 RQMa
17.688             35481             12378             46080             16076      0.1067 Empc Correction
18.156            119315             26275            152878             33566      0.3562 0.78
Signal Totals:

           519700            139872            672860            181096
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1317062            345546 0.90 RQMa
          1192560            320968 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.724 = (1317062 * 100.000) / (72929931 * 1.048)
Empc Amount:          1.561 = (1192560 * 100.000) / (72929931 * 1.048)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Inject. Date: 19-Dec-2019 19:44:08 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 12

F1 PeCDFs, RT: 19.774

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030 D 13C-1,2,3,7,8-PeCDF                     100.000        82285944        14029893
  2,3,4,7,8-PeCDF                    1.041 D 13C-2,3,4,7,8-PeCDF                     100.000        85523009        13468483
Averages:

RRFn Qis Ris Area Ris Height
  1.036        100.000        83904476        13749188

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

19.199            125698             18723             83802             17551      0.2411 1.50
Signal Totals:

           125698             18723             83802             17551
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           209500             36274 1.50

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2411 = (209500 * 100.000) / (83904476 * 1.036)
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Inject. Date: 19-Dec-2019 19:44:08 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 12

Non-2,3,7,8-sub-PeCDF, RT: 22.858

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030 D 13C-1,2,3,7,8-PeCDF                     100.000        82285944        14029893
  2,3,4,7,8-PeCDF                    1.041 D 13C-2,3,4,7,8-PeCDF                     100.000        85523009        13468483
Averages:

RRFn Qis Ris Area Ris Height
  1.036        100.000        83904476        13749188

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

20.709            233191             34598            161483             25357      0.4542 1.44 M
Signal Totals:

           233191             34598            161483             25357
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           394674             59955 1.44 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.4542 = (394674 * 100.000) / (83904476 * 1.036)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Inject. Date: 19-Dec-2019 19:44:08 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 12

Non-2,3,7,8-sub-PeCDD, RT: 22.973

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.086 D 13C-1,2,3,7,8-PeCDD                     100.000        53446945         7759508
Averages:

RRFn Qis Ris Area Ris Height
  1.086        100.000        53446945         7759508

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

20.900            187664             34522            199091             34440      0.6666 0.94 RQ
20.900            187664             34522            121073             22272      0.5321 Empc Correction
21.664            367655             61233            188221             30456      0.9581 1.95 RQM
21.664            291742             47206            188221             30456      0.8273 Empc Correction
Signal Totals:

           479406             81728            309294             52728
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           942631            160651 1.43 RQM
           788700            134456 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.625 = (942631 * 100.000) / (53446945 * 1.086)
Empc Amount:          1.359 = (788700 * 100.000) / (53446945 * 1.086)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Inject. Date: 19-Dec-2019 19:44:08 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 12

Non-2,3,7,8-sub-HxCDF, RT: 29.880

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.147 D 13C-1,2,3,4,7,8-HxCDF                   100.000        72671335        11736335
  1,2,3,6,7,8-HxCDF                  1.145 D 13C-1,2,3,6,7,8-HxCDF                   100.000        72448703        11602903
  2,3,4,6,7,8-HxCDF                  1.173 D 13C-2,3,4,6,7,8-HxCDF                   100.000        67539960        14625151
  1,2,3,7,8,9-HxCDF                  1.172 D 13C-1,2,3,7,8,9-HxCDF                   100.000        60239983        14503615
Averages:

RRFn Qis Ris Area Ris Height
  1.159        100.000        68224995        13117001

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

27.916            209547             27434            177890             17688      0.4899 1.18
29.221            179822             21667            130568             16906      0.3925 1.38
Signal Totals:

           389369             49101            308458             34594
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           697827             83695 1.26

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.8824 = (697827 * 100.000) / (68224995 * 1.159)
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Inject. Date: 19-Dec-2019 19:44:08 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 12

Non-2,3,7,8-sub-HxCDD, RT: 30.519

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.093 D 13C-1,2,3,4,7,8-HxCDD                   100.000        51308406        12639444
  1,2,3,6,7,8-HxCDD                  1.043 D 13C-1,2,3,6,7,8-HxCDD                   100.000        59154503        13547015
  1,2,3,7,8,9-HxCDD                  1.207
Averages:

RRFn Qis Ris Area Ris Height
  1.115        100.000        55231454        13093229

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.061           2315306            274759           1803805            210588        6.69 1.28
30.699            636736            118725            566368             90839        1.95 1.12
30.939            120616             19187            107322             17602      0.3703 1.12
Signal Totals:

          3072658            412671           2477495            319029
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          5550153            731700 1.24

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          9.016 = (5550153 * 100.000) / (55231454 * 1.115)

Page 492 of 1153
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Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Inject. Date: 19-Dec-2019 19:44:08 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 12

Non-2,3,7,8-sub-HpCDF, RT: 34.169

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.480 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        43792139        14261053
  1,2,3,4,7,8,9-HpCDF                1.293 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        45476311        12767066
Averages:

RRFn Qis Ris Area Ris Height
  1.387        100.000        44634225        13514059

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

33.931            576471            177189            504001            168458        1.75 1.14 M
34.017            104879             29046             73709             32811      0.2885 1.42 RQMa
34.017             76657             34123             73709             32811      0.2429 Empc Correction
Signal Totals:

           653128            211312            577710            201269
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1259060            407504 1.18 RQMa
          1230838            412581 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.034 = (1259060 * 100.000) / (44634225 * 1.387)
Empc Amount:          1.988 = (1230838 * 100.000) / (44634225 * 1.387)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Lims ID: 320-56953-A-6-A
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Inject. Date: 19-Dec-2019 19:44:08 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 12

Non-2,3,7,8-sub-HpCDD, RT: 34.144

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.054 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        44197021        13562700
Averages:

RRFn Qis Ris Area Ris Height
  1.054        100.000        44197021        13562700

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

33.871          10032033          3209086           9564255           3001627        42.1 1.05
Signal Totals:

         10032033          3209086           9564255           3001627
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         19596288          6210713 1.05

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         42.085 = (19596288 * 100.000) / (44197021 * 1.054)
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  17.79
Area: 1387984
Amount:    3.368586
Amount Units: pg/ul
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Manual Integration Results
RT:  17.79
Area: 1341904
Amount:    3.308280
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:32:35
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 15.59- 18.91)
Signal: 1

Processing Integration Results
RT = 17.688 Area = 63889
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Manual Integration Results
RT = 17.688 Area = 63889
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Reviewer: dadunj, 20-Dec-2019 14:32:47
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak

Page 497 of 1153
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  22.03
Area: 160070
Amount:    0.495500
Amount Units: pg/ul

21.6 21.8 22.0 22.2 22.4
Min

1

3

5

7

9

11

13

15

17

19

21

23

25

27

Y
 ( 

X
10

00
)

F2:m/z     341.8567:SG5Pt_x1

 2
2.

03
2

Manual Integration Results
RT:  22.03
Area: 140016
Amount:    0.471843
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:33:07
Audit Action: Manually Integrated Audit Reason: Baseline
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

2,3,4,7,8-PeCDF, CAS: 57117-31-4
Signal: 2

Processing Integration Results
RT:  23.37
Area: 89080
Amount:    0.264868
Amount Units: pg/ul
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Manual Integration Results
RT:  23.37
Area: 87842
Amount:    0.263477
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:33:15
Audit Action: Manually Integrated Audit Reason: Baseline
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 20.42- 25.29)
Signal: 1

Processing Integration Results
RT = 20.709 Area = 252585
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Manual Integration Results
RT = 20.709 Area = 233191 M
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Reviewer: dadunj, 20-Dec-2019 14:33:56
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 20.42- 25.29)
Signal: 2

Processing Integration Results
RT = 20.709 Area = 170440
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Manual Integration Results
RT = 20.709 Area = 161483 M
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Reviewer: dadunj, 20-Dec-2019 14:33:50
Audit Action: Manually Integrated Audit Reason: Baseline
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 20.87- 25.08)
Signal: 1

Processing Integration Results
RT = 21.664 Area = 468996

21.0 21.2 21.4 21.6 21.8 22.0 22.2 22.4
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

Y
 ( 

X
10

00
)

F2:m/z     355.8546:SG5Pt_x1

Manual Integration Results
RT = 21.664 Area = 367655 M
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Reviewer: dadunj, 20-Dec-2019 14:34:15
Audit Action: Split an Integrated Peak Audit Reason: Baseline
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  30.23
Area: 236325
Amount:    0.535965
Amount Units: pg/ul
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Manual Integration Results
RT:  30.23
Area: 222619
Amount:    0.519525
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:34:28
Audit Action: Manually Integrated Audit Reason: Baseline
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  31.63
Area: 254909
Amount:    0.667749
Amount Units: pg/ul
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Manual Integration Results
RT:  31.52
Area: 98167
Amount:    0.287050
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:35:21
Audit Action: Split an Integrated Peak Audit Reason: Split Peak

Page 504 of 1153



Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.63
Area: 119695
Amount:    0.667749
Amount Units: pg/ul
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Manual Integration Results
RT:  31.52
Area: 62867
Amount:    0.287050
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:35:23
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  31.63
Area: 119695
Amount:    0.607213
Amount Units: pg/ul
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Manual Integration Results
RT:  31.63
Area: 105180
Amount:    0.424560
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:35:28
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  31.63
Area: 374604
Amount:    0.607213
Amount Units: pg/ul
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Manual Integration Results
RT:  31.63
Area: 261921
Amount:    0.424560
Amount Units: pg/ul
Reviewer: dadunj, 20-Dec-2019 14:35:28
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  31.63
Area: 254909
Amount:    0.607213
Amount Units: pg/ul
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Manual Integration Results
RT:  31.63
Area: 156741
Amount:    0.424560
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:35:29
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  31.98
Area: 275659
Amount:    0.729713
Amount Units: pg/ul
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Manual Integration Results
RT:  31.98
Area: 216930
Amount:    0.587654
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:35:33
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 2

Processing Integration Results
RT:  31.98
Area: 210932
Amount:    0.729713
Amount Units: pg/ul
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Manual Integration Results
RT:  31.98
Area: 174932
Amount:    0.587654
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:35:35
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  33.63
Area: 500026
Amount:    1.296549
Amount Units: pg/ul

33.2 33.4 33.6 33.8 34.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F4:m/z     407.7818:SG5Pt_x1

 3
3.

62
8

Manual Integration Results
RT:  33.63
Area: 425697
Amount:    1.181893
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:35:43
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7818, RT: ( 33.60- 34.74)
Signal: 1

Processing Integration Results
RT = 33.931 Area = 720281
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Manual Integration Results
RT = 33.931 Area = 576471 M

33.3 33.5 33.7 33.9 34.1 34.3 34.5
Min

-1

1

3

5

7

9

11

13

15

17

19

Y
 ( 

X
10

00
0)

F4:m/z     407.7818:SG5Pt_x1

Reviewer: dadunj, 20-Dec-2019 14:36:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Assign Peak
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Instrument ID: 3D5
Lims ID: 320-56953-A-6-A          Lab Sample ID: 320-56953-6              
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Operator ID:  AJS ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7818, RT: ( 33.60- 34.74)
Signal: 1

Processing Integration Results
Not Detected
RT:  33.60- 34.74
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Manual Integration Results
RT = 34.017 Area = 104879 M
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Reviewer: dadunj, 20-Dec-2019 14:36:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Assign Peak
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.02

Page 520 of 1153



Report Date: 22-Dec-2019 12:56:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.06
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F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          20.71

PeCDF Interference Mass

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
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F2:m/z     409.7974:SG5Pt_x1
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21.32 25.24
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Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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F2:m/z     355.8546:SG5Pt_x1
Non-2,3,7,8-sub-PeCDD
          21.66
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F2:m/z     357.8516:SG5Pt_x1

PeCDD Standards
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F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.05
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F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.05
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
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9

18

27
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Y
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F3:m/z     373.8208:SG5Pt_x1

31.17

Non-2,3,7,8-sub-HxCDF
          27.92
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F3:m/z     375.8178:SG5Pt_x1
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Non-2,3,7,8-sub-HxCDF
          27.90
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HxCDF Standards
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F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.15
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F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.15
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
)

F3:m/z     373.8208:SG5Pt_x1

31.17

1,2,3,4,7,8-HxCDF
          30.23

Non-2,3,7,8-sub-HxCDF
          27.92
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F3:m/z     375.8178:SG5Pt_x1

31.15

Non-2,3,7,8-sub-HxCDF
          27.90

31.30

HxCDF Interference Mass
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30.74
29.82
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
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F3:m/z     389.8157:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.06

Non-2,3,7,8-sub-HxCDD
          30.70

30.29 31.28 32.15
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F3:m/z     391.8127:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.09

Non-2,3,7,8-sub-HxCDD
          30.71
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HxCDD Standards
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F3:m/z     401.8559:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.96

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.96
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
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23
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F4:m/z     407.7818:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          33.93

1,2,3,4,6,7,8-HpCDF
          33.63

33.53
34.15
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F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

Non-2,3,7,8-sub-HpCDF
          34.0233.81 34.70

HpCDF Standards
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          33.62
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F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.62
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min
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5
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23

Y
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X
10

00
0)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.93

1,2,3,4,6,7,8-HpCDF
          33.63

Non-2,3,7,8-sub-HpCDF
          34.0233.53
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F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

Non-2,3,7,8-sub-HpCDF
          34.02

33.81 34.70

HpCDF Interference Mass
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F4:m/z     479.7165:SG5Pt_x1
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
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F4:m/z     423.7766:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          33.87

1,2,3,4,6,7,8-HpCDD
          34.42
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          33.87
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          34.42

HpCDD Standards
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F4:m/z     435.8169:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.41
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F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.41
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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OCDF Interference Mass
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Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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OCDD Standards
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Report Date: 22-Dec-2019 12:56:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_12.d
Injection Date: 19-Dec-2019 19:44:08 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346752 Sample Line#: 12
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(1-2) RA

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-6 RA

Eurofins TestAmerica, Sacramento

Matrix: 19DE19A11D2_011.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:15

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  22:36

Low2(uL)

20(uL)

% Moisture: 49.2

Sample wt/vol: 10.10(g)

N

Analysis Batch No.: 346764 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.9 0.2751207-31-9 2,3,7,8-TCDF 50

%RECCAS NO. LIMITSQISOTOPE DILUTION

75 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

111 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:38:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_011.d
Lims ID: 320-56953-A-6-A          
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Sample Type: Client
Inject. Date: 19-Dec-2019 22:36:14 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-6-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:33

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.381  198170727 0.79  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.561  197631110 0.80   1.3379        74.5        74.5   0.2109   0.2109  74.54
  2,3,7,8-TCDF 16.574   21377810 0.79   0.8389        12.9        12.9   0.0682   0.0682
D 13C-2,3,7,8-TCDD 15.120  116351221 0.79   0.9388        62.5        62.5   0.6164   0.6164  62.54
  2,3,7,8-TCDD 15.147    5165573 0.75   1.1538       3.848       3.848   0.0838   0.0838
$ 37Cl4-2,3,7,8-TCDD 15.147  104147782   1.1816        44.5        44.5   0.0860   0.0860    111

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 20-Dec-2019 14:38:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_011.d
Lims ID: 320-56953-A-6-A          
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Sample Type: Client
Inject. Date: 19-Dec-2019 22:36:14 ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-6-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:33

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.381 15.376    0   87518240   19508741  51079 127697    382
333.9339 15.381 15.376    0  110652487   23822345  49221 123052    484  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.561 16.556    0  1.077   88137455   17567710  27830  69575    631
317.9389 16.561 16.556    0  1.077  109493655   21734492  21081  52702   1031  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.574 16.570    0  1.001    9407306    1810181   3240   8100    559
305.8987 16.574 16.570    0  1.001   11970504    2389832   5761  14402    415  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.120 15.116    0  0.983   51270304   11030732  51079 127697    216
333.9339 15.120 15.116    0  0.983   65080917   14206532  49221 123052    289  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.147 15.143    0  1.002    2210730     461900   5340  13350     86
321.8936 15.147 15.143    0  1.002    2954843     622307   4421  11052    141  0.75(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.147 15.143    0  0.985  104147782   21769508  17621  44052   1235

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 20-Dec-2019 14:38:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_011.d
Injection Date: 19-Dec-2019 22:36:14 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346764 Sample Line#: 11
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.57

15.09

14.05 17.25 18.9515.5712.87 19.28

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.57
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17.2514.05 18.95

TCDF Standards
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F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.56

12.06
10.83 23.0615.08

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.56

12.06
10.83 18.93 23.0415.08
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Report Date: 20-Dec-2019 14:38:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_011.d
Injection Date: 19-Dec-2019 22:36:14 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346764 Sample Line#: 11
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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F1:m/z     375.8364:SG5Pt_x1
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Report Date: 20-Dec-2019 14:38:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_011.d
Injection Date: 19-Dec-2019 22:36:14 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346764 Sample Line#: 11
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 20-Dec-2019 14:38:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_011.d
Injection Date: 19-Dec-2019 22:36:14 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(1-2)
Worklist#: 346764 Sample Line#: 11
Column Type: DB-225 Column Dia:  0.32 mm
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F1:m/z     330.9792:SG5Pt_x1

Page 540 of 1153



FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(2-4)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-7

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_13.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  20:31

Low2(uL)

20(uL)

% Moisture: 53.9

Sample wt/vol: 10.22(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

2.1 0.271746-01-6 2,3,7,8-TCDD 7.7

11 0.4040321-76-4 1,2,3,7,8-PeCDD ND

11 0.26J q57117-41-6 1,2,3,7,8-PeCDF 0.70

11 0.27J57117-31-4 2,3,4,7,8-PeCDF 0.60

11 0.34J q39227-28-6 1,2,3,4,7,8-HxCDD 0.63

11 0.36J57653-85-7 1,2,3,6,7,8-HxCDD 0.99

11 0.31J19408-74-3 1,2,3,7,8,9-HxCDD 2.5

11 0.22J70648-26-9 1,2,3,4,7,8-HxCDF 0.78

11 0.22J q57117-44-9 1,2,3,6,7,8-HxCDF 0.33

11 0.1672918-21-9 1,2,3,7,8,9-HxCDF ND

11 0.1660851-34-5 2,3,4,6,7,8-HxCDF ND

11 0.84B35822-46-9 1,2,3,4,6,7,8-HpCDD 31

11 0.29J B67562-39-4 1,2,3,4,6,7,8-HpCDF 1.0

11 0.3655673-89-7 1,2,3,4,7,8,9-HpCDF ND

21 0.64B3268-87-9 OCDD 750

21 0.33J B39001-02-0 OCDF 9.2

2.1 0.27q41903-57-5 Total TCDD 16

2.1 0.38q30402-14-3 Total TCDF 52

11 0.40J36088-22-9 Total PeCDD 7.7

11 0.26J q30402-15-4 Total PeCDF 2.1

11 0.34q34465-46-8 Total HxCDD 39

11 0.19J q55684-94-1 Total HxCDF 1.1

11 0.84B37871-00-4 Total HpCDD 120

11 0.32J B q38998-75-3 Total HpCDF 2.5

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(2-4)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-7

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_13.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  20:31

Low2(uL)

20(uL)

% Moisture: 53.9

Sample wt/vol: 10.22(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

57 25-16476523-40-5 13C-2,3,7,8-TCDD

56 24-16989059-46-1 13C-2,3,7,8-TCDF

51 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

52 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

55 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

56 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

60 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

57 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

55 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

55 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

56 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

59 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

56 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

63 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

63 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

92 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Lims ID: 320-56953-A-7-A          
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Sample Type: Client
Inject. Date: 19-Dec-2019 20:31:41 ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-7-A  320-56953-A-7-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:42:17 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: dadunj Date: 20-Dec-2019 14:42:17

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.597  223276955 0.81  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.098  175816783 0.80   1.4157        55.6        55.6   0.1474   0.1474  55.62
  2,3,7,8-TCDF 17.113   11551038 0.82   0.9502       6.914       6.914   0.0883   0.0883
A Non-2,3,7,8-sub-TCDF 16.811    8909654 0.77   0.9502       5.451       5.333   0.0883    2.814  RQ
S Total TCDF        12.4        12.2   0.0883   0.0883  RQ

D 13C-2,3,7,8-TCDD 17.793  123497681 0.79   0.9751        56.7        56.7   0.1289   0.1289  56.72
  2,3,7,8-TCDD 17.808    2336569 0.79   1.0477       1.806       1.806   0.0639   0.0639  M
$ 37Cl4-2,3,7,8-TCDD 17.808  110243460   1.3480        36.6        36.6   0.0949   0.0949  91.57

A Non-2,3,7,8-sub-TCDD 17.249    2526479 0.77   1.0477       1.995       1.953   0.0639   0.9520  RQMa
S Total TCDD       3.801       3.758   0.0639   0.0639  RQ

D 13C-1,2,3,7,8-PeCDF 22.005  137027955 1.62   1.1786        52.1        52.1   0.1568   0.1568  52.07
  1,2,3,7,8-PeCDF 22.045     231055 1.55   1.0302      0.2170      0.1637   0.0606   0.0606  RQ
D 13C-2,3,4,7,8-PeCDF 23.327  139581919 1.55   1.1308        55.3        55.3   0.1634   0.1634  55.29
  2,3,4,7,8-PeCDF 23.341     206266 1.47   1.0410      0.1420      0.1420   0.0637   0.0637  M
A F1 PeCDFs 19.774   0.0458   0.0458
A Non-2,3,7,8-sub-PeCDF 22.858     265742 1.55   1.0356      0.2070      0.1855   0.0621   0.1855  RQM
S Total PeCDF      0.5659      0.4912   0.0621   0.0621  RQ

D 13C-1,2,3,7,8-PeCDD 24.037   86710011 1.54   0.7572        51.3        51.3   0.0937   0.0937  51.29
  1,2,3,7,8-PeCDD 24.077   0.0945   0.0945
A Non-2,3,7,8-sub-PeCDD 22.973    1715120 1.66   1.0855       1.822       1.822   0.0945   0.8642  M
S Total PeCDD       1.822       1.822   0.0945   0.0945

D 13C-1,2,3,4,7,8-HxCDF 30.180  119804517 0.52   1.1043        57.4        57.4   0.2441   0.2441  57.40
  1,2,3,4,7,8-HxCDF 30.206     252989 1.25   1.1472      0.1841      0.1841   0.0508   0.0508  M
D 13C-1,2,3,6,7,8-HxCDF 30.379  118939807 0.52   1.1470        54.9        54.9   0.2350   0.2350  54.86
  1,2,3,6,7,8-HxCDF 30.393     105560 1.24   1.1450      0.0890      0.0775   0.0522   0.0522  RQMa
D 13C-2,3,4,6,7,8-HxCDF 31.298  114605815 0.51   1.0769        56.3        56.3   0.2504   0.2504  56.31
  2,3,4,6,7,8-HxCDF 31.325   0.0374   0.0374
D 13C-1,2,3,7,8,9-HxCDF 32.151  104329889 0.52   1.0115        54.6        54.6   0.2665   0.2665  54.57
  1,2,3,7,8,9-HxCDF 32.164   0.0388   0.0388
A Non-2,3,7,8-sub-HxCDF 29.880   0.0438   0.0438
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF      0.2731      0.2616   0.0448   0.0448  RQ

* 13C-1,2,3,7,8,9-HxCDD 31.951  189009888 1.30  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.498   84537726 1.25   0.7962        56.2        56.2   0.2716   0.2716  56.17
  1,2,3,4,7,8-HxCDD 31.538     137306 1.24   1.0934      0.1889      0.1485   0.0807   0.0807  RQMa
D 13C-1,2,3,6,7,8-HxCDD 31.618   98953141 1.29   0.8720        60.0        60.0   0.2480   0.2480  60.04
  1,2,3,6,7,8-HxCDD 31.631     240802 1.42   1.0429      0.2333      0.2333   0.0846   0.0846  Ma
  1,2,3,7,8,9-HxCDD 31.964     663745 1.07   1.2073      0.5992      0.5992   0.0730   0.0730
A Non-2,3,7,8-sub-HxCDD 30.519    8290371 1.24   1.1145       8.132       8.108   0.0791    6.307  RQ
S Total HxCDD       9.153       9.089   0.0794   0.0794  RQ

D 13C-1,2,3,4,6,7,8-HpCDF 33.616   80026686 0.43   0.7577        55.9        55.9   0.8293   0.8293  55.88
  1,2,3,4,6,7,8-HpCDF 33.628     279701 0.91   1.4804      0.2361      0.2361   0.0676   0.0676
D 13C-1,2,3,4,7,8,9-HpCDF 34.685   82423584 0.44   0.6941        62.8        62.8   0.9052   0.9052  62.82
  1,2,3,4,7,8,9-HpCDF 34.709   0.0842   0.0842
A Non-2,3,7,8-sub-HpCDF 34.169     394973 1.04   1.3868      0.3853      0.3506   0.0752   0.3506  RQM
S Total HpCDF      0.6214      0.5867   0.0759   0.0759  RQ

D 13C-1,2,3,4,6,7,8-HpCDD 34.405   78298694 1.04   0.7058        58.7        58.7   0.3543   0.3543  58.69
  1,2,3,4,6,7,8-HpCDD 34.418    6079286 0.99   1.0535       7.370       7.370   0.1974   0.1974
A Non-2,3,7,8-sub-HpCDD 34.144   17878077 1.06   1.0535        21.7        21.7   0.1974     21.7
S Total HpCDD        29.0        29.0   0.1974   0.1974

D 13C-OCDD 36.722  108858356 0.87   0.4603       125.1       125.1   0.1819   0.1819  62.57
  OCDF 36.830    1648992 0.96   1.3945       2.173       2.173   0.0769   0.0769
  OCDD 36.734  109083615 0.90   1.1362       176.4       176.4   0.1514   0.1514

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Lims ID: 320-56953-A-7-A          
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Sample Type: Client
Inject. Date: 19-Dec-2019 20:31:41 ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-7-A  320-56953-A-7-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:42:17 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: dadunj Date: 20-Dec-2019 14:42:17

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.597 17.612   -1  100224979   25648865  17398  43495   1474
333.9339 17.597 17.612   -1  123051976   31343328  11248  28120   2787  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.098 17.113   -1  0.972   78161590   19658036  19559  48897   1005
317.9389 17.098 17.113   -1  0.972   97655193   24573131  27999  69997    878  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.113 17.128   -1  1.001    5208532    1232036   5979  14947    206
305.8987 17.113 17.128   -1  1.001    6342506    1552769   8864  22160    175  0.82(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQ

303.9016 15.223 16.811  -95  0.890     144665      44247   5979  14947      7
305.8987 15.223 16.811  -95  0.890     179170      48572   8864  22160      5  0.81(0.65-0.89)

303.9016 15.480 16.811  -80  0.905     149186      43074   5979  14947      7
305.8987 15.465 16.811  -81  0.904     207908      53360   8864  22160      6  0.72(0.65-0.89)

303.9016 15.722 16.811  -65  0.920     210638      46169   5979  14947      8
Empc Correction     167143      35030   5979  14947      6

305.8987 15.737 16.811  -64  0.920     217069      45494   8864  22160      5  0.97(0.65-0.89)

303.9016 16.009 16.811  -48  0.936     220625      38804   5979  14947      6
305.8987 15.994 16.811  -49  0.935     332243      65064   8864  22160      7  0.66(0.65-0.89)

303.9016 16.236 16.811  -34  0.950     241339      62937   5979  14947     11
Empc Correction     202469      49136   5979  14947      8

305.8987 16.221 16.811  -35  0.949     262948      63813   8864  22160      7  0.92(0.65-0.89)

303.9016 16.463 16.811  -21  0.963     267375      48087   5979  14947      8
Empc Correction     153323      34916   5979  14947      6

305.8987 16.463 16.811  -21  0.963     199122      45346   8864  22160      5  1.34(0.65-0.89)
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 16.735 16.811   -5  0.979    2064495     502099   5979  14947     84
305.8987 16.735 16.811   -5  0.979    2637384     714556   8864  22160     81  0.78(0.65-0.89)

303.9016 16.962 16.811    9  0.992     126990      29499   5979  14947      5
305.8987 16.962 16.811    9  0.992     155924      44240   8864  22160      5  0.81(0.65-0.89)

303.9016 17.536 16.811   43  1.026     366569     100033   5979  14947     17
305.8987 17.536 16.811   43  1.026     458312      95725   8864  22160     11  0.80(0.65-0.89)

303.9016 18.897 16.811  125  1.105     294705      67140   5979  14947     11
305.8987 18.897 16.811  125  1.105     369404      80216   8864  22160      9  0.80(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.793 17.793    0  1.011   54551469   12418334  17398  43495    714
333.9339 17.793 17.793    0  1.011   68946212   15412830  11248  28120   1370  0.79(0.65-0.89)

2,3,7,8-TCDD M
319.8965 17.808 17.823   -1  1.001    1029935     249894   4571  11427     55 M
321.8936 17.808 17.823   -1  1.001    1306634     318360   2878   7195    111  0.79(0.65-0.89) M

37Cl4-2,3,7,8-TCDD
327.8847 17.808 17.823   -1  1.012  110243460   26158307  29172  72930    897

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 15.646 17.249  -96  0.879      82121      22465   4571  11427      5
321.8936 15.631 17.249  -97  0.878     109180      19380   2878   7195      7  0.75(0.65-0.89)

319.8965 15.918 17.249  -80  0.895     120886      26990   4571  11427      6
Empc Correction      89724      25565   4571  11427      6

321.8936 15.918 17.249  -80  0.895     116525      33202   2878   7195     12  1.04(0.65-0.89)

319.8965 16.690 17.249  -34  0.938     549240     141019   4571  11427     31
321.8936 16.690 17.249  -34  0.938     682562     175077   2878   7195     61  0.80(0.65-0.89)

319.8965 17.566 17.249   19  0.987     161003      41289   4571  11427      9
321.8936 17.566 17.249   19  0.987     229810      53110   2878   7195     18  0.70(0.65-0.89)

319.8965 17.702 17.249   27  0.995     112927      31216   4571  11427      7 M
321.8936 17.702 17.249   27  0.995     160167      44998   2878   7195     16  0.71(0.65-0.89)

319.8965 18.141 17.249   53  1.020     125323      23967   4571  11427      5
Empc Correction     101457      20254   4571  11427      4

321.8936 18.156 17.249   54  1.020     131763      26304   2878   7195      9  0.95(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.005 22.018   -1  1.251   84675146   14456803  24286  60715    595
353.8970 22.005 22.018   -1  1.251   52352809    9398483  17833  44582    527  1.62(1.32-1.78)

1,2,3,7,8-PeCDF RQ
339.8597 22.045 22.045    0  1.002     215689      37225   1988   4970     19

Empc Correction     140445      30491   1988   4970     15
341.8567 22.032 22.045   -1  1.001      90610      19672   3971   9927      5  2.38(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.327 23.341   -1  1.326   84813806   13542641  24286  60715    558
353.8970 23.327 23.341   -1  1.326   54768113    8937239  17833  44582    501  1.55(1.32-1.78)

2,3,4,7,8-PeCDF M
339.8597 23.341 23.355   -1  1.001     122918      20029   1988   4970     10
341.8567 23.368 23.355    1  1.002      83348      14503   3971   9927      4  1.47(1.32-1.78) M
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A F1 PeCDFs
339.8597 19.774    1465    3662
341.8567 19.774    2926    7315

A Non-2,3,7,8-sub-PeCDF RQM

339.8597 20.723 22.858 -128  0.942     161530      30456   1988   4970     15
341.8567 20.709 22.858 -129  0.941     134966      17524   3971   9927      4  1.20(1.32-1.78) M

Empc Correction     104212      19649   3971   9927      5

13C-1,2,3,7,8-PeCDD
367.8949 24.037 24.050   -1  1.366   52521756    8012388  10166  25415    788
369.8919 24.037 24.050   -1  1.366   34188255    5349671   6005  15012    891  1.54(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.077    3721    9302
357.8516 24.077    1763    4407

A Non-2,3,7,8-sub-PeCDD M

355.8546 20.900 22.973 -124  0.870     300581      48180   3721   9302     13 M
357.8516 20.900 22.973 -124  0.870     176109      27562   1763   4407     16  1.71(1.32-1.78)

355.8546 21.636 22.973  -80  0.900     500138      96385   3721   9302     26
357.8516 21.636 22.973  -80  0.900     313239      59855   1763   4407     34  1.60(1.32-1.78)

355.8546 23.082 22.973    7  0.960     268492      47052   3721   9302     13 M
357.8516 23.096 22.973    7  0.961     156561      23477   1763   4407     13  1.71(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.180 30.193   -1  0.945   41218045    6712781  18028  45070    372
385.8610 30.180 30.193   -1  0.945   78586472   12564283  30456  76140    413  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF M
373.8208 30.206 30.206    0  1.001     140680      21295   2444   6110      9 M
375.8178 30.193 30.206   -1  1.000     112309      18283   2048   5120      9  1.25(1.05-1.43) M

13C-1,2,3,6,7,8-HxCDF
383.8639 30.379 30.406   -2  0.951   40661263    6506044  18028  45070    361
385.8610 30.379 30.406   -2  0.951   78278544   12289437  30456  76140    404  0.52(0.43-0.59)

1,2,3,6,7,8-HxCDF RQMa
373.8208 30.393 30.420   -2  1.000      74068      12620   2444   6110      5 M

Empc Correction      58435      10363   2444   6110      4
375.8178 30.406 30.420   -1  1.001      47125       8358   2048   5120      4  1.57(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.298 31.312   -1  0.980   38609698    8456784  18028  45070    469
385.8610 31.298 31.312   -1  0.980   75996117   17157163  30456  76140    563  0.51(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.325    2444    6110
375.8178 31.325    2048    5120

13C-1,2,3,7,8,9-HxCDF
383.8639 32.151 32.151    0  1.006   35517973    8608486  18028  45070    478
385.8610 32.151 32.151    0  1.006   68811916   16120486  30456  76140    529  0.52(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.164    2444    6110
375.8178 32.164    2048    5120
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HxCDF
373.8208 29.880    2444    6110
375.8178 29.880    2048    5120

13C-1,2,3,7,8,9-HxCDD
401.8559 31.951 31.964   -1  106679996   25238818  21158  52895   1193
403.8529 31.951 31.964   -1   82329892   19720604  17735  44337   1112  1.30(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.498 31.511   -1  0.986   46971788   11860157  21158  52895    561
403.8529 31.498 31.511   -1  0.986   37565938    9665902  17735  44337    545  1.25(1.05-1.43)

1,2,3,4,7,8-HxCDD RQMa
389.8157 31.538 31.525    1  1.001      76009      17729   4346  10865      4 M
391.8127 31.498 31.525   -2  1.000      98559      23865   3247   8117      7  0.77(1.05-1.43)

Empc Correction      61297      14297   3247   8117      4

13C-1,2,3,6,7,8-HxCDD
401.8559 31.618 31.618    0  0.990   55826407   12068746  21158  52895    570
403.8529 31.604 31.618   -1  0.989   43126734    9452392  17735  44337    533  1.29(1.05-1.43)

1,2,3,6,7,8-HxCDD Ma
389.8157 31.631 31.631    0  1.000     141381      31013   4346  10865      7 M
391.8127 31.631 31.631    0  1.000      99421      26438   3247   8117      8  1.42(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.964 31.977   -1  1.015     343843      61993   4346  10865     14
391.8127 31.951 31.977   -2  1.014     319902      54425   3247   8117     17  1.07(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD RQ

389.8157 29.048 30.519  -88  0.919    3490344     428773   4346  10865     99
391.8127 29.048 30.519  -88  0.919    2958344     370296   3247   8117    114  1.18(1.05-1.43)

389.8157 30.699 30.519   11  0.971     888492     162056   4346  10865     37
391.8127 30.686 30.519   10  0.971     725313     136471   3247   8117     42  1.22(1.05-1.43)

389.8157 30.912 30.519   24  0.978     126147      28446   4346  10865      7
391.8127 30.912 30.519   24  0.978     126679      25054   3247   8117      8  1.00(1.05-1.43)

Empc Correction     101731      22940   3247   8117      7

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.616 33.628   -1  1.052   24213473    7890352  35544  88860    222
419.8220 33.616 33.628   -1  1.052   55813213   17899788  77449 193622    231  0.43(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.628 33.628    0  1.000     133237      44312   7474  18685      6
409.7789 33.628 33.628    0  1.000     146464      44458   2846   7115     16  0.91(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.685 34.697   -1  1.086   24993013    7329212  35544  88860    206
419.8220 34.685 34.697   -1  1.086   57430571   16370409  77449 193622    211  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.709    7474   18685
409.7789 34.709    2846    7115

A Non-2,3,7,8-sub-HpCDF RQM

407.7818 33.919 34.169  -15  1.009     201359      65311   7474  18685      9 M
409.7789 33.919 34.169  -15  1.009     232684      75461   2846   7115     27  0.87(0.88-1.20) M

Empc Correction     193614      62799   2846   7115     22
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.405 34.418   -1  1.077   40003107   12101877  22898  57245    529
437.8140 34.405 34.418   -1  1.077   38295587   11434374  22070  55175    518  1.04(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.418 34.418    0  1.000    3019523     928107  10860  27150     85
425.7737 34.418 34.418    0  1.000    3059763     907992   8723  21807    104  0.99(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 33.871 34.144  -16  0.984    9219929    2929821  10860  27150    270
425.7737 33.859 34.144  -17  0.984    8658148    2657696   8723  21807    305  1.06(0.88-1.20)

13C-OCDD
469.7779 36.722 36.734   -1  1.149   50645950   12405597   6730  16825   1843
471.7750 36.722 36.734   -1  1.149   58212406   14602582   8323  20807   1754  0.87(0.76-1.02)

OCDF
441.7428 36.830 36.830    0  1.003     806613     186099   2305   5762     81
443.7399 36.830 36.830    0  1.003     842379     200367   3489   8722     57  0.96(0.76-1.02)

OCDD
457.7377 36.734 36.746   -1  1.000   51639297   13221811   4195  10487   3152
459.7348 36.734 36.746   -1  1.000   57444318   14678586   5096  12740   2880  0.90(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Lims ID: 320-56953-A-7-A
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Inject. Date: 19-Dec-2019 20:31:41 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 13

Non-2,3,7,8-sub-TCDF, RT: 16.811

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.950 D 13C-2,3,7,8-TCDF                        100.000       175816783        44231167
Averages:

RRFn Qis Ris Area Ris Height
  0.950        100.000       175816783        44231167

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.223            144665             44247            179170             48572      0.1938 0.81
15.480            149186             43074            207908             53360      0.2138 0.72
15.722            210638             46169            217069             45494      0.2560 0.97 RQ
15.722            167143             35030            217069             45494      0.2300 Empc Correction
16.009            220625             38804            332243             65064      0.3309 0.66
16.236            241339             62937            262948             63813      0.3019 0.92 RQ
16.236            202469             49136            262948             63813      0.2786 Empc Correction
16.463            267375             48087            199122             45346      0.2792 1.34 RQ
16.463            153323             34916            199122             45346      0.2110 Empc Correction
16.735           2064495            502099           2637384            714556        2.81 0.78
16.962            126990             29499            155924             44240      0.1693 0.81
17.536            366569            100033            458312             95725      0.4938 0.80
18.897            294705             67140            369404             80216      0.3975 0.80
Signal Totals:

          3890170            943978           5019484           1256386
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          9106071           2238475 0.81 RQ
          8909654           2200364 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          5.451 = (9106071 * 100.000) / (175816783 * 0.950)
Empc Amount:          5.333 = (8909654 * 100.000) / (175816783 * 0.950)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Page 551 of 1153



Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Lims ID: 320-56953-A-7-A
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Inject. Date: 19-Dec-2019 20:31:41 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 13

Non-2,3,7,8-sub-TCDD, RT: 17.249

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000       123497681        27831164
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000       123497681        27831164

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

15.646             82121             22465            109180             19380      0.1478 0.75
15.918            120886             26990            116525             33202      0.1835 1.04 RQ
15.918             89724             25565            116525             33202      0.1594 Empc Correction
16.690            549240            141019            682562            175077      0.9520 0.80
17.566            161003             41289            229810             53110      0.3020 0.70
17.702            112927             31216            160167             44998      0.2111 0.71 Ma
18.141            125323             23967            131763             26304      0.1987 0.95 RQ
18.141            101457             20254            131763             26304      0.1802 Empc Correction
Signal Totals:

          1096472            281808           1430007            352071
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          2581507            639017 0.81 RQMa
          2526479            633879 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.995 = (2581507 * 100.000) / (123497681 * 1.048)
Empc Amount:          1.953 = (2526479 * 100.000) / (123497681 * 1.048)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Lims ID: 320-56953-A-7-A
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Inject. Date: 19-Dec-2019 20:31:41 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 13

Non-2,3,7,8-sub-PeCDF, RT: 22.858

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030 D 13C-1,2,3,7,8-PeCDF                     100.000       137027955        23855286
  2,3,4,7,8-PeCDF                    1.041 D 13C-2,3,4,7,8-PeCDF                     100.000       139581919        22479880
Averages:

RRFn Qis Ris Area Ris Height
  1.036        100.000       138304937        23167583

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

20.723            161530             30456            134966             17524      0.2070 1.20 RQM
20.723            161530             30456            104212             19649      0.1855 Empc Correction
Signal Totals:

           161530             30456            104212             19649
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           296496             47980 1.20 RQM
           265742             50105 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.2070 = (296496 * 100.000) / (138304937 * 1.036)
Empc Amount:         0.1855 = (265742 * 100.000) / (138304937 * 1.036)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Lims ID: 320-56953-A-7-A
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Inject. Date: 19-Dec-2019 20:31:41 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 13

Non-2,3,7,8-sub-PeCDD, RT: 22.973

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.086 D 13C-1,2,3,7,8-PeCDD                     100.000        86710011        13362059
Averages:

RRFn Qis Ris Area Ris Height
  1.086        100.000        86710011        13362059

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

20.900            300581             48180            176109             27562      0.5064 1.71 M
21.636            500138             96385            313239             59855      0.8642 1.60
23.082            268492             47052            156561             23477      0.4516 1.71 M
Signal Totals:

          1069211            191617            645909            110894
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1715120            302511 1.66 M

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.822 = (1715120 * 100.000) / (86710011 * 1.086)

QC Flag Legend

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Lims ID: 320-56953-A-7-A
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Inject. Date: 19-Dec-2019 20:31:41 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 13

Non-2,3,7,8-sub-HxCDD, RT: 30.519

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.093 D 13C-1,2,3,4,7,8-HxCDD                   100.000        84537726        21526059
  1,2,3,6,7,8-HxCDD                  1.043 D 13C-1,2,3,6,7,8-HxCDD                   100.000        98953141        21521138
  1,2,3,7,8,9-HxCDD                  1.207
Averages:

RRFn Qis Ris Area Ris Height
  1.115        100.000        91745433        21523598

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.048           3490344            428773           2958344            370296        6.31 1.18
30.699            888492            162056            725313            136471        1.58 1.22
30.912            126147             28446            126679             25054      0.2473 1.00 RQ
30.912            126147             28446            101731             22940      0.2229 Empc Correction
Signal Totals:

          4504983            619275           3785388            529707
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          8315319           1151096 1.18 RQ
          8290371           1148982 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          8.132 = (8315319 * 100.000) / (91745433 * 1.115)
Empc Amount:          8.108 = (8290371 * 100.000) / (91745433 * 1.115)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Lims ID: 320-56953-A-7-A
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Inject. Date: 19-Dec-2019 20:31:41 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 13

Non-2,3,7,8-sub-HpCDF, RT: 34.169

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.480 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        80026686        25790140
  1,2,3,4,7,8,9-HpCDF                1.293 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        82423584        23699621
Averages:

RRFn Qis Ris Area Ris Height
  1.387        100.000        81225135        24744880

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

33.919            201359             65311            232684             75461      0.3853 0.87 RQM
33.919            201359             65311            193614             62799      0.3506 Empc Correction
Signal Totals:

           201359             65311            193614             62799
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           434043            140772 0.87 RQM
           394973            128110 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3853 = (434043 * 100.000) / (81225135 * 1.387)
Empc Amount:         0.3506 = (394973 * 100.000) / (81225135 * 1.387)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Lims ID: 320-56953-A-7-A
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Inject. Date: 19-Dec-2019 20:31:41 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 13

Non-2,3,7,8-sub-HpCDD, RT: 34.144

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.054 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        78298694        23536251
Averages:

RRFn Qis Ris Area Ris Height
  1.054        100.000        78298694        23536251

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

33.871           9219929           2929821           8658148           2657696        21.7 1.06
Signal Totals:

          9219929           2929821           8658148           2657696
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         17878077          5587517 1.06

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         21.673 = (17878077 * 100.000) / (78298694 * 1.054)
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  17.81
Area: 1154618
Amount:    1.931105
Amount Units: pg/ul
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Manual Integration Results
RT:  17.81
Area: 1029935
Amount:    1.805819
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:38:38
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  17.81
Area: 1344061
Amount:    1.931105
Amount Units: pg/ul
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Manual Integration Results
RT:  17.81
Area: 1306634
Amount:    1.805819
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:38:41
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 15.59- 18.91)
Signal: 1

Processing Integration Results
Not Detected
RT:  15.59- 18.91
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Manual Integration Results
RT = 17.702 Area = 112927 M
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Reviewer: dadunj, 20-Dec-2019 14:38:47
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

2,3,4,7,8-PeCDF, CAS: 57117-31-4
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  23.35
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Manual Integration Results
RT:  23.37
Area: 83348
Amount:    0.141958
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:39:22
Audit Action: Manually Integrated Audit Reason: Assign Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDF, Signal: 2,   m/z: 341.8567, RT: ( 20.42- 25.29)
Signal: 2

Processing Integration Results
RT = 20.709 Area = 161803
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Manual Integration Results
RT = 20.709 Area = 134966 M
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Reviewer: dadunj, 20-Dec-2019 14:39:32
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 20.87- 25.08)
Signal: 1

Processing Integration Results
RT = 20.900 Area = 337761
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Manual Integration Results
RT = 20.900 Area = 300581 M
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Reviewer: dadunj, 20-Dec-2019 14:39:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 20.87- 25.08)
Signal: 1

Processing Integration Results
RT = 23.082 Area = 352154
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Manual Integration Results
RT = 23.082 Area = 268492 M
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Reviewer: dadunj, 20-Dec-2019 14:39:42
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 1

Processing Integration Results
RT:  30.21
Area: 141443
Amount:    0.183218
Amount Units: pg/ul
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Manual Integration Results
RT:  30.21
Area: 140680
Amount:    0.184072
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:40:25
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDF, CAS: 70648-26-9
Signal: 2

Processing Integration Results
RT:  30.19
Area: 110372
Amount:    0.183218
Amount Units: pg/ul
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Manual Integration Results
RT:  30.19
Area: 112309
Amount:    0.184072
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:40:30
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 2

Processing Integration Results
RT:  30.41
Area: 48744
Amount:    0.077641
Amount Units: pg/ul
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Manual Integration Results
RT:  30.41
Area: 47125
Amount:    0.088988
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:40:18
Audit Action: Manually Integrated Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDF, CAS: 57117-44-9
Signal: 1

Processing Integration Results
RT:  30.39
Area: 56995
Amount:    0.077641
Amount Units: pg/ul
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Manual Integration Results
RT:  30.39
Area: 74068
Amount:    0.088988
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:40:36
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 2

Processing Integration Results
RT:  31.63
Area: 99421
Amount:    0.342784
Amount Units: pg/ul

31.2 31.4 31.6 31.8 32.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

Y
 ( 

X
10

00
)

F3:m/z     391.8127:SG5Pt_x1

 3
1.

63
1

Manual Integration Results
RT:  31.50
Area: 98559
Amount:    0.188861
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:40:50
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 3

Processing Integration Results
RT:  31.63
Area: 316841
Amount:    0.342784
Amount Units: pg/ul
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Manual Integration Results
RT:  31.54
Area: 174568
Amount:    0.188861
Amount Units: pg/ul
Reviewer: dadunj, 20-Dec-2019 14:40:50
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,4,7,8-HxCDD, CAS: 39227-28-6
Signal: 1

Processing Integration Results
RT:  31.63
Area: 217420
Amount:    0.342784
Amount Units: pg/ul
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Manual Integration Results
RT:  31.54
Area: 76009
Amount:    0.188861
Amount Units: pg/ul

31.1 31.3 31.5 31.7 31.9
Min

RT

0

5

10

15

20

25

30

35

40

45

50

55

60

65

Y
 ( 

X
10

00
)

F3:m/z     389.8157:SG5Pt_x1

 3
1.

53
8

Reviewer: dadunj, 20-Dec-2019 14:40:51
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 2

Processing Integration Results
RT:  31.63
Area: 99421
Amount:    0.307021
Amount Units: pg/ul
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Manual Integration Results
RT:  31.63
Area: 99421
Amount:    0.233339
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:40:54
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 3

Processing Integration Results
RT:  31.63
Area: 316841
Amount:    0.307021
Amount Units: pg/ul
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Manual Integration Results
RT:  31.63
Area: 240802
Amount:    0.233339
Amount Units: pg/ul
Reviewer: dadunj, 20-Dec-2019 14:40:54
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,6,7,8-HxCDD, CAS: 57653-85-7
Signal: 1

Processing Integration Results
RT:  31.63
Area: 217420
Amount:    0.307021
Amount Units: pg/ul
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Manual Integration Results
RT:  31.63
Area: 141381
Amount:    0.233339
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:40:56
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 1,   m/z: 407.7818, RT: ( 33.60- 34.74)
Signal: 1

Processing Integration Results
RT = 33.919 Area = 261556

33.3 33.5 33.7 33.9 34.1 34.3 34.5
Min

1

6

11

16

21

26

31

36

41

46

51

56

61

66

71

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Manual Integration Results
RT = 33.919 Area = 201359 M
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Reviewer: dadunj, 20-Dec-2019 14:41:28
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Instrument ID: 3D5
Lims ID: 320-56953-A-7-A          Lab Sample ID: 320-56953-7              
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Operator ID:  AJS ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDF, Signal: 2,   m/z: 409.7789, RT: ( 33.60- 34.74)
Signal: 2

Processing Integration Results
RT = 33.919 Area = 253094
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Manual Integration Results
RT = 33.919 Area = 232684 M
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Reviewer: dadunj, 20-Dec-2019 14:41:09
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F3:m/z     389.8157:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          29.05

Non-2,3,7,8-sub-HxCDD
          30.70

32.30
31.28

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.05

32.30

Non-2,3,7,8-sub-HxCDD
          30.69

30.25

HxCDD Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.95

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.95
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

1

13

25

37

49

61

73

85

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

33.82 34.09

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1
Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

33.80

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

13

26

39

52

65

78

91

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.62

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

20

23

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.62
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

1

9

17

25

33

41

49

57

65

73

81

89

Y
 ( 

X
10

00
)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

33.82
34.09

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

33.80

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

5

10

15

20

25

30

35

40

45

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F4:m/z     423.7766:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          33.87

1,2,3,4,6,7,8-HpCDD
          34.42

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          33.86

1,2,3,4,6,7,8-HpCDD
          34.42

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.41

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.41

Page 592 of 1153



Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.83

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.83

OCDF Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1

13C-OCDD
  36.72

37.62

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.72

37.17

Page 593 of 1153



Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.83

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.83

OCDF Interference Mass

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-3

2

7

12

17

22

27

32

37

42

47

Y
 ( 

X
10

00
)

F5:m/z     513.6775:SG5Pt_x1

36.34

37.80
35.97 39.7437.30

38.23 39.86
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Report Date: 20-Dec-2019 14:42:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.73

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F5:m/z     459.7348:SG5Pt_x1

OCDD
  36.73

OCDD Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1

13C-OCDD
  36.72

37.62

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.72

37.17
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Report Date: 20-Dec-2019 14:42:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 20-Dec-2019 14:42:19 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_13.d
Injection Date: 19-Dec-2019 20:31:41 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346752 Sample Line#: 13
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(2-4) RA

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-7 RA

Eurofins TestAmerica, Sacramento

Matrix: 19DE19A11D2_012.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  23:14

Low2(uL)

20(uL)

% Moisture: 53.9

Sample wt/vol: 10.22(g)

N

Analysis Batch No.: 346764 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

2.1 0.2551207-31-9 2,3,7,8-TCDF 29

%RECCAS NO. LIMITSQISOTOPE DILUTION

65 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

102 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:38:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_012.d
Lims ID: 320-56953-A-7-A          
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Sample Type: Client
Inject. Date: 19-Dec-2019 23:14:31 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-7-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:39

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.381  231839116 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.547  200292227 0.80   1.3379        64.6        64.6   0.1764   0.1764  64.57
  2,3,7,8-TCDF 16.575   11577953 0.78   0.8389       6.891       6.891   0.0591   0.0591
D 13C-2,3,7,8-TCDD 15.120  126090725 0.79   0.9388        57.9        57.9   0.4507   0.4507  57.93
  2,3,7,8-TCDD 15.148    3007034 0.70   1.1538       2.067       2.067   0.0689   0.0689
$ 37Cl4-2,3,7,8-TCDD 15.148  111471636   1.1816        40.7        40.7   0.0416   0.0416    102

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 20-Dec-2019 14:38:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_012.d
Lims ID: 320-56953-A-7-A          
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Sample Type: Client
Inject. Date: 19-Dec-2019 23:14:31 ALS Bottle#: 0 Worklist Smp#: 12
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-7-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:39

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.381 15.376    0  101684989   22365983  44513 111282    502
333.9339 15.381 15.376    0  130154127   28336311  41297 103242    686  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.547 16.556   -1  1.076   88760179   17107056  27337  68342    626
317.9389 16.547 16.556   -1  1.076  111532048   21826026  20524  51310   1063  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.575 16.570    0  1.002    5075543     927571   3299   8247    281
305.8987 16.575 16.570    0  1.002    6502410    1227247   4424  11060    277  0.78(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.120 15.116    0  0.983   55685263   12276409  44513 111282    276
333.9339 15.120 15.116    0  0.983   70405462   15697006  41297 103242    380  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.148 15.143    0  1.002    1233764     268734   5611  14027     48
321.8936 15.148 15.143    0  1.002    1773270     376474   3286   8215    115  0.70(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.148 15.143    0  0.985  111471636   23327032   9980  24950   2337

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 20-Dec-2019 14:38:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_012.d
Injection Date: 19-Dec-2019 23:14:31 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346764 Sample Line#: 12
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.57

15.09

17.2314.06 18.9315.5712.88 20.35

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          16.57

15.09

17.23 18.9311.87

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.55

12.0710.87 18.92

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.55

12.07 23.0018.9310.87

Page 601 of 1153



Report Date: 20-Dec-2019 14:38:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_012.d
Injection Date: 19-Dec-2019 23:14:31 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346764 Sample Line#: 12
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 20-Dec-2019 14:38:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_012.d
Injection Date: 19-Dec-2019 23:14:31 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346764 Sample Line#: 12
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 20-Dec-2019 14:38:14 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_012.d
Injection Date: 19-Dec-2019 23:14:31 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(2-4)
Worklist#: 346764 Sample Line#: 12
Column Type: DB-225 Column Dia:  0.32 mm
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(4-6)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-8

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_14.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  21:19

Low2(uL)

20(uL)

% Moisture: 57.4

Sample wt/vol: 9.99(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

2.3 0.501746-01-6 2,3,7,8-TCDD 31

12 0.49J q40321-76-4 1,2,3,7,8-PeCDD 0.88

12 0.48J57117-41-6 1,2,3,7,8-PeCDF 3.9

12 0.52J q57117-31-4 2,3,4,7,8-PeCDF 2.1

12 0.40J39227-28-6 1,2,3,4,7,8-HxCDD 1.9

12 0.45J57653-85-7 1,2,3,6,7,8-HxCDD 4.4

12 0.38J19408-74-3 1,2,3,7,8,9-HxCDD 5.7

12 0.45J70648-26-9 1,2,3,4,7,8-HxCDF 5.6

12 0.45J57117-44-9 1,2,3,6,7,8-HxCDF 2.6

12 0.33J72918-21-9 1,2,3,7,8,9-HxCDF 0.39

12 0.34J q60851-34-5 2,3,4,6,7,8-HxCDF 0.92

12 3.5B35822-46-9 1,2,3,4,6,7,8-HpCDD 180

12 0.90B67562-39-4 1,2,3,4,6,7,8-HpCDF 20

12 1.1J B55673-89-7 1,2,3,4,7,8,9-HpCDF 2.2

23 3.4B3268-87-9 OCDD 4700

23 0.40B39001-02-0 OCDF 190

2.3 0.50q41903-57-5 Total TCDD 39

2.3 0.79q30402-14-3 Total TCDF 180

12 0.49q36088-22-9 Total PeCDD 13

12 0.50q30402-15-4 Total PeCDF 16

12 0.4134465-46-8 Total HxCDD 96

12 0.39q55684-94-1 Total HxCDF 29

12 3.5B37871-00-4 Total HpCDD 610

12 1.0B38998-75-3 Total HpCDF 65

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(4-6)

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-8

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_14.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  21:19

Low2(uL)

20(uL)

% Moisture: 57.4

Sample wt/vol: 9.99(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

60 25-16476523-40-5 13C-2,3,7,8-TCDD

60 24-16989059-46-1 13C-2,3,7,8-TCDF

57 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

57 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

60 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

62 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

62 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

62 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

59 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

59 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

59 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

62 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

59 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

66 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

72 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

109 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A          
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Sample Type: Client
Inject. Date: 19-Dec-2019 21:19:13 ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-8-A  320-56953-A-8-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 22-Dec-2019 13:01:06 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: krenns Date: 22-Dec-2019 13:01:06

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.597  222545846 0.76  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.098  188147118 0.78   1.4157        59.7        59.7   0.1041   0.1041  59.72
  2,3,7,8-TCDF 17.113   39296117 0.79   0.9502        22.0        22.0   0.1689   0.1689
A Non-2,3,7,8-sub-TCDF 16.811   30845036 0.77   0.9502        17.4        17.3   0.1689     10.4  RQMa
S Total TCDF        39.4        39.2   0.1689   0.1689  RQ

D 13C-2,3,7,8-TCDD 17.793  129850657 0.78   0.9751        59.8        59.8   0.1387   0.1387  59.84
  2,3,7,8-TCDD 17.808    8985742 0.77   1.0477       6.605       6.605   0.1057   0.1057  M
$ 37Cl4-2,3,7,8-TCDD 17.808  130763399   1.3480        43.6        43.6   0.0760   0.0760    109

A Non-2,3,7,8-sub-TCDD 17.249    2239375 0.77   1.0477       1.692       1.646   0.1057   0.8444  RQMa
S Total TCDD       8.297       8.251   0.1057   0.1057  RQ

D 13C-1,2,3,7,8-PeCDF 22.018  149773083 1.63   1.1786        57.1        57.1   0.1550   0.1550  57.10
  1,2,3,7,8-PeCDF 22.045    1286462 1.58   1.0302      0.8338      0.8338   0.1030   0.1030  M
D 13C-2,3,4,7,8-PeCDF 23.327  151775504 1.58   1.1308        60.3        60.3   0.1616   0.1616  60.31
  2,3,4,7,8-PeCDF 23.355     692052 1.55   1.0410      0.4962      0.4380   0.1099   0.1099  RQ
A F1 PeCDFs 19.774    1149540 1.64   1.0356      0.7362      0.7362   0.0546   0.7362
A Non-2,3,7,8-sub-PeCDF 22.858    2338000 1.55   1.0356       1.542       1.497   0.1063    1.300  RQMa
S Total PeCDF       3.608       3.505   0.1065   0.1065  RQ

D 13C-1,2,3,7,8-PeCDD 24.037   95956922 1.65   0.7572        56.9        56.9   0.0917   0.0917  56.94
  1,2,3,7,8-PeCDD 24.077     195161 1.55   1.0855      0.2056      0.1874   0.1039   0.1039  RQ
A Non-2,3,7,8-sub-PeCDD 22.973    2716318 1.55   1.0855       2.624       2.608   0.1039   0.8431  RQM
S Total PeCDD       2.830       2.795   0.1039   0.1039  RQ

D 13C-1,2,3,4,7,8-HxCDF 30.180  131559880 0.53   1.1043        61.8        61.8   0.2388   0.2388  61.81
  1,2,3,4,7,8-HxCDF 30.206    1803801 1.35   1.1472       1.195       1.195   0.0959   0.0959
D 13C-1,2,3,6,7,8-HxCDF 30.393  130330007 0.53   1.1470        58.9        58.9   0.2299   0.2299  58.95
  1,2,3,6,7,8-HxCDF 30.419     841285 1.23   1.1450      0.5637      0.5637   0.0963   0.0963
D 13C-2,3,4,6,7,8-HxCDF 31.298  123077720 0.53   1.0769        59.3        59.3   0.2449   0.2449  59.29
  2,3,4,6,7,8-HxCDF 31.312     282521 1.24   1.1726      0.2138      0.1958   0.0724   0.0724  RQMa
D 13C-1,2,3,7,8,9-HxCDF 32.150  115446572 0.50   1.0115        59.2        59.2   0.2607   0.2607  59.21
  1,2,3,7,8,9-HxCDF 32.164     112567 1.18   1.1717      0.0832      0.0832   0.0702   0.0702  Ma
A Non-2,3,7,8-sub-HxCDF 29.880    6069900 1.24   1.1591       4.202       4.186   0.0820    1.878  RQMa
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

S Total HxCDF       6.258       6.224   0.0837   0.0837  RQ

* 13C-1,2,3,7,8,9-HxCDD 31.951  192751044 1.26  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.498   94787197 1.28   0.7962        61.8        61.8   0.2739   0.2739  61.76
  1,2,3,4,7,8-HxCDD 31.511     427417 1.27   1.0934      0.4124      0.4124   0.0858   0.0858
D 13C-1,2,3,6,7,8-HxCDD 31.618  104772012 1.26   0.8720        62.3        62.3   0.2501   0.2501  62.34
  1,2,3,6,7,8-HxCDD 31.631    1027582 1.22   1.0429      0.9404      0.9404   0.0959   0.0959
  1,2,3,7,8,9-HxCDD 31.964    1460972 1.24   1.2073       1.213       1.213   0.0802   0.0802  M
A Non-2,3,7,8-sub-HxCDD 30.519   19839649 1.30   1.1145        17.8        17.8   0.0869     11.4
S Total HxCDD        20.4        20.4   0.0873   0.0873

D 13C-1,2,3,4,6,7,8-HpCDF 33.616   85552426 0.42   0.7577        58.6        58.6   0.8438   0.8438  58.58
  1,2,3,4,6,7,8-HpCDF 33.628    5375765 1.13   1.4804       4.245       4.245   0.1910   0.1910  M
D 13C-1,2,3,4,7,8,9-HpCDF 34.685   88692649 0.44   0.6941        66.3        66.3   0.9210   0.9210  66.29
  1,2,3,4,7,8,9-HpCDF 34.697     530736 1.14   1.2933      0.4627      0.4627   0.2372   0.2372
A Non-2,3,7,8-sub-HpCDF 34.169   11082012 1.06   1.3868       9.172       9.172   0.2122    9.172
S Total HpCDF        13.9        13.9   0.2141   0.2141

D 13C-1,2,3,4,6,7,8-HpCDD 34.405   85025924 1.11   0.7058        62.5        62.5   0.4268   0.4268  62.50
  1,2,3,4,6,7,8-HpCDD 34.417   34615473 1.04   1.0535        38.6        38.6   0.7401   0.7401
A Non-2,3,7,8-sub-HpCDD 34.144   80813829 1.04   1.0535        90.2        90.2   0.7401     90.2
S Total HpCDD       128.9       128.9   0.7401   0.7401

D 13C-OCDD 36.734  127903843 0.90   0.4603       144.2       144.2   0.2055   0.2055  72.09
  OCDF 36.829   36395787 0.90   1.3945        40.8        40.8   0.0854   0.0854
  OCDD 36.746  724039876 0.90   1.1362       996.5       996.5   0.7221   0.7221

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A          
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Sample Type: Client
Inject. Date: 19-Dec-2019 21:19:13 ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-8-A  320-56953-A-8-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 22-Dec-2019 13:01:06 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0319

First Level Reviewer: krenns Date: 22-Dec-2019 13:01:06

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.597 17.612   -1   96216820   24439441  16613  41532   1471
333.9339 17.597 17.612   -1  126329026   32637797  14268  35670   2287  0.76(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.098 17.113   -1  0.972   82341822   21244967  18541  46352   1146
317.9389 17.098 17.113   -1  0.972  105805296   27138527  15098  37745   1797  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.113 17.128   -1  1.001   17282073    4301492  13547  33867    318
305.8987 17.113 17.128   -1  1.001   22014044    5567169  17513  43782    318  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF RQMa

303.9016 15.480 16.811  -80  0.905     434479     103291  13547  33867      8
Empc Correction     296661      92123  13547  33867      7

305.8987 15.480 16.811  -80  0.905     385275     119641  17513  43782      7  1.13(0.65-0.89)

303.9016 15.737 16.811  -64  0.920     601619     134244  13547  33867     10
Empc Correction     492210     128195  13547  33867      9

305.8987 15.737 16.811  -64  0.920     639234     166488  17513  43782     10  0.94(0.65-0.89)

303.9016 16.009 16.811  -48  0.936     883321     199414  13547  33867     15
305.8987 16.009 16.811  -48  0.936    1188221     262480  17513  43782     15  0.74(0.65-0.89)

303.9016 16.221 16.811  -35  0.949     530531     138412  13547  33867     10
305.8987 16.221 16.811  -35  0.949     679541     177447  17513  43782     10  0.78(0.65-0.89) M

303.9016 16.463 16.811  -21  0.963     672264     136227  13547  33867     10
305.8987 16.463 16.811  -21  0.963     873399     184020  17513  43782     11  0.77(0.65-0.89)

303.9016 16.735 16.811   -5  0.979    8117615    2109274  13547  33867    156 a
305.8987 16.735 16.811   -5  0.979   10436967    2733993  17513  43782    156  0.78(0.65-0.89)

303.9016 16.962 16.811    9  0.992     341571      83767  13547  33867      6
305.8987 16.962 16.811    9  0.992     392048      88113  17513  43782      5  0.87(0.65-0.89)
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

303.9016 17.536 16.811   43  1.026    1051892     216253  13547  33867     16
305.8987 17.536 16.811   43  1.026    1339751     283881  17513  43782     16  0.79(0.65-0.89)

303.9016 18.897 16.811  125  1.105    1173741     263548  13547  33867     19
305.8987 18.897 16.811  125  1.105    1350794     312194  17513  43782     18  0.87(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.793 17.793    0  1.011   56722932   13075591  16613  41532    787
333.9339 17.793 17.793    0  1.011   73127725   17483043  14268  35670   1225  0.78(0.65-0.89)

2,3,7,8-TCDD M
319.8965 17.808 17.823   -1  1.001    3914816    1022817   7437  18592    138 M
321.8936 17.808 17.823   -1  1.001    5070926    1283809   6097  15242    211  0.77(0.65-0.89) M

37Cl4-2,3,7,8-TCDD
327.8847 17.808 17.823   -1  1.012  130763399   31488148  23401  58502   1346

A Non-2,3,7,8-sub-TCDD RQMa

319.8965 16.690 17.249  -34  0.938     503870     142118   7437  18592     19
321.8936 16.690 17.249  -34  0.938     644847     172718   6097  15242     28  0.78(0.65-0.89)

319.8965 17.566 17.249   19  0.987     202104      52238   7437  18592      7
Empc Correction     139265      38635   7437  18592      5

321.8936 17.566 17.249   19  0.987     180864      50176   6097  15242      8  1.12(0.65-0.89)

319.8965 17.702 17.249   27  0.995      58303      18702   7437  18592      3 M
321.8936 17.702 17.249   27  0.995      67818      21240   6097  15242      3  0.86(0.65-0.89)

319.8965 18.156 17.249   54  1.020     267420      70306   7437  18592      9
321.8936 18.156 17.249   54  1.020     376988      87808   6097  15242     14  0.71(0.65-0.89)

13C-1,2,3,7,8-PeCDF
351.9000 22.018 22.018    0  1.251   92727659   16602768  24164  60410    687
353.8970 22.018 22.018    0  1.251   57045424   10303766  17556  43890    587  1.63(1.32-1.78)

1,2,3,7,8-PeCDF M
339.8597 22.045 22.045    0  1.001     788477     145471   4047  10117     36
341.8567 22.018 22.045   -2  1.000     497985      90282   7376  18440     12  1.58(1.32-1.78) M

13C-2,3,4,7,8-PeCDF
351.9000 23.327 23.341   -1  1.326   92922728   15203112  24164  60410    629
353.8970 23.327 23.341   -1  1.326   58852776    9753365  17556  43890    556  1.58(1.32-1.78)

2,3,4,7,8-PeCDF RQ
339.8597 23.355 23.355    0  1.001     512603      95902   4047  10117     24

Empc Correction     420659      81976   4047  10117     20
341.8567 23.355 23.355    0  1.001     271393      52888   7376  18440      7  1.89(1.32-1.78)

A F1 PeCDFs

339.8597 19.184 19.774  -35  0.871     714904     159806   1629   4072     98
341.8567 19.184 19.774  -35  0.871     434636      99161   4234  10585     23  1.64(1.32-1.78)

A Non-2,3,7,8-sub-PeCDF RQMa

339.8597 20.709 22.858 -129  0.941    1228952     194190   4047  10117     48
341.8567 20.709 22.858 -129  0.941     800626     147956   7376  18440     20  1.53(1.32-1.78)

339.8597 22.537 22.858  -19  1.024     257471      46062   4047  10117     11 M
Empc Correction     187472      36352   4047  10117      9

341.8567 22.550 22.858  -18  1.024     120950      23453   7376  18440      3  2.13(1.32-1.78)
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDD
367.8949 24.037 24.050   -1  1.366   59776709    9388136   9849  24622    953
369.8919 24.037 24.050   -1  1.366   36180213    5614531   6005  15012    935  1.65(1.32-1.78)

1,2,3,7,8-PeCDD RQ
355.8546 24.077 24.077    0  1.002     137634      28917   3862   9655      7

Empc Correction     118627      21470   3862   9655      6
357.8516 24.037 24.077   -2  1.000      76534      13852   2904   7260      5  1.80(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD RQM

355.8546 20.900 22.973 -124  0.870     496349      89805   3862   9655     23
357.8516 20.900 22.973 -124  0.870     363357      66299   2904   7260     23  1.37(1.32-1.78)

355.8546 21.650 22.973  -79  0.901     531967     107351   3862   9655     28 M
357.8516 21.636 22.973  -80  0.900     346222      68724   2904   7260     24  1.54(1.32-1.78)

355.8546 22.059 22.973  -55  0.918     125597      22879   3862   9655      6
Empc Correction     108290      20391   3862   9655      5

357.8516 22.045 22.973  -56  0.917      69865      13156   2904   7260      5  1.80(1.32-1.78)

355.8546 22.918 22.973   -3  0.953      87615      16661   3862   9655      4
357.8516 22.877 22.973   -6  0.952      59849      12342   2904   7260      4  1.46(1.32-1.78)

355.8546 23.068 22.973    6  0.960     387224      60857   3862   9655     16 M
357.8516 23.082 22.973    7  0.960     265580      39021   2904   7260     13  1.46(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.180 30.193   -1  0.945   45491577    7342287  17422  43555    421
385.8610 30.180 30.193   -1  0.945   86068303   13756914  30231  75577    455  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.206 30.206    0  1.001    1037284     175020   5174  12935     34
375.8178 30.193 30.206   -1  1.000     766517     113167   4109  10272     28  1.35(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.393 30.406   -1  0.951   45006354    7316223  17422  43555    420
385.8610 30.393 30.406   -1  0.951   85323653   13727008  30231  75577    454  0.53(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.419 30.420    0  1.001     464741      77005   5174  12935     15
375.8178 30.406 30.420   -1  1.000     376544      58998   4109  10272     14  1.23(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.298 31.312   -1  0.980   42473845    9475666  17422  43555    544
385.8610 31.298 31.312   -1  0.980   80603875   17868049  30231  75577    591  0.53(0.43-0.59)

2,3,4,6,7,8-HxCDF RQMa
373.8208 31.312 31.325   -1  1.000     156396      34533   5174  12935      7 M
375.8178 31.312 31.325   -1  1.000     152218      29233   4109  10272      7  1.03(1.05-1.43)

Empc Correction     126125      27849   4109  10272      7

13C-1,2,3,7,8,9-HxCDF
383.8639 32.150 32.151    0  1.006   38599670    9601010  17422  43555    551
385.8610 32.150 32.151    0  1.006   76846902   18618789  30231  75577    616  0.50(0.43-0.59)

1,2,3,7,8,9-HxCDF Ma
373.8208 32.164 32.164    0  1.000      61027      19072   5174  12935      4 M
375.8178 32.164 32.164    0  1.000      51540      13770   4109  10272      3  1.18(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF RQMa
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

373.8208 27.490 29.880 -143  0.911     391316      52143   5174  12935     10
375.8178 27.490 29.880 -143  0.911     291508      43452   4109  10272     11  1.34(1.05-1.43)

373.8208 27.889 29.880 -119  0.924    1324854     178204   5174  12935     34
375.8178 27.903 29.880 -118  0.925    1152189     141105   4109  10272     34  1.15(1.05-1.43)

373.8208 29.194 29.880  -41  0.967    1498423     187816   5174  12935     36
375.8178 29.194 29.880  -41  0.967    1225535     145357   4109  10272     35  1.22(1.05-1.43)

373.8208 32.244 29.880  142  1.068     103006      30913   5174  12935      6 M
375.8178 32.244 29.880  142  1.068     106549      25562   4109  10272      6  0.97(1.05-1.43)

Empc Correction      83069      24929   4109  10272      6

13C-1,2,3,7,8,9-HxCDD
401.8559 31.951 31.964   -1  107564320   25282868  20694  51735   1222
403.8529 31.951 31.964   -1   85186724   19891697  18716  46790   1063  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.498 31.511   -1  0.986   53156107   13839849  20694  51735    669
403.8529 31.498 31.511   -1  0.986   41631090   10848667  18716  46790    580  1.28(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.511 31.525   -1  1.000     239454      66157   5966  14915     11
391.8127 31.511 31.525   -1  1.000     187963      43284   3303   8257     13  1.27(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 31.618 31.618    0  0.990   58359407   12959915  20694  51735    626
403.8529 31.618 31.618    0  0.990   46412605   10216229  18716  46790    546  1.26(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.631 31.631    0  1.000     564219     130290   5966  14915     22
391.8127 31.631 31.631    0  1.000     463363     105431   3303   8257     32  1.22(1.05-1.43)

1,2,3,7,8,9-HxCDD M
389.8157 31.964 31.977   -1  1.015     808872     162218   5966  14915     27 M
391.8127 31.964 31.977   -1  1.015     652100     130478   3303   8257     40  1.24(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD

389.8157 29.048 30.519  -88  0.919    7186469     868025   5966  14915    145
391.8127 29.061 30.519  -87  0.919    5497496     672084   3303   8257    203  1.31(1.05-1.43)

389.8157 30.260 30.519  -16  0.957     556988      70135   5966  14915     12
391.8127 30.273 30.519  -15  0.957     388363      52349   3303   8257     16  1.43(1.05-1.43)

389.8157 30.699 30.519   11  0.971    3023165     545889   5966  14915     92
391.8127 30.699 30.519   11  0.971    2378158     422695   3303   8257    128  1.27(1.05-1.43)

389.8157 30.912 30.519   24  0.978     432994      91219   5966  14915     15
391.8127 30.912 30.519   24  0.978     376016      70981   3303   8257     21  1.15(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.616 33.628   -1  1.052   25511602    8455588  39595  98987    214
419.8220 33.616 33.628   -1  1.052   60040824   19458507  75928 189820    256  0.42(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7818 33.628 33.628    0  1.000    2854333     986634  19033  47582     52
409.7789 33.628 33.628    0  1.000    2521432     841696  12537  31342     67  1.13(0.88-1.20) M

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.685 34.697   -1  1.086   27182436    7771759  39595  98987    196
419.8220 34.685 34.697   -1  1.086   61510213   17950873  75928 189820    236  0.44(0.37-0.51)
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Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,7,8,9-HpCDF
407.7818 34.697 34.709   -1  1.000     283085      89555  19033  47582      5
409.7789 34.697 34.709   -1  1.000     247651      89232  12537  31342      7  1.14(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF

407.7818 33.919 34.169  -15  1.009    5701013    1845912  19033  47582     97
409.7789 33.919 34.169  -15  1.009    5380999    1752562  12537  31342    140  1.06(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.405 34.418   -1  1.077   44722754   13402513  30189  75472    444
437.8140 34.405 34.418   -1  1.077   40303170   12374415  24252  60630    510  1.11(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.417 34.418    0  1.000   17646128    5425767  41119 102797    132
425.7737 34.417 34.418    0  1.000   16969345    5085903  39281  98202    129  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 33.871 34.144  -16  0.984   41186823   13283482  41119 102797    323
425.7737 33.871 34.144  -16  0.984   39627006   12561528  39281  98202    320  1.04(0.88-1.20)

13C-OCDD
469.7779 36.734 36.734    0  1.150   60662579   15686983   9620  24050   1631
471.7750 36.734 36.734    0  1.150   67241264   17113716   7473  18682   2290  0.90(0.76-1.02)

OCDF
441.7428 36.829 36.830    0  1.003   17191686    4503270   3421   8552   1316
443.7399 36.829 36.830    0  1.003   19204101    4892164   4396  10990   1113  0.90(0.76-1.02)

OCDD
457.7377 36.746 36.746    0  1.000  343075071   87184951  22561  56402   3864
459.7348 36.734 36.746   -1  1.000  380964805   95940320  31257  78142   3069  0.90(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
  a - User Assigned ID
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Inject. Date: 19-Dec-2019 21:19:13 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 14

Non-2,3,7,8-sub-TCDF, RT: 16.811

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.950 D 13C-2,3,7,8-TCDF                        100.000       188147118        48383494
Averages:

RRFn Qis Ris Area Ris Height
  0.950        100.000       188147118        48383494

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

15.480            434479            103291            385275            119641      0.4585 1.13 RQ
15.480            296661             92123            385275            119641      0.3814 Empc Correction
15.737            601619            134244            639234            166488      0.6941 0.94 RQ
15.737            492210            128195            639234            166488      0.6329 Empc Correction
16.009            883321            199414           1188221            262480        1.16 0.74
16.221            530531            138412            679541            177447      0.6769 0.78 M
16.463            672264            136227            873399            184020      0.8646 0.77
16.735           8117615           2109274          10436967          2733993        10.4 0.78 a
16.962            341571             83767            392048             88113      0.4104 0.87
17.536           1051892            216253           1339751            283881        1.34 0.79
18.897           1173741            263548           1350794            312194        1.41 0.87
Signal Totals:

         13559806          3367213          17285230          4328257
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         31092263          7712687 0.80 RQMa
         30845036          7695470 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         17.392 = (31092263 * 100.000) / (188147118 * 0.950)
Empc Amount:         17.254 = (30845036 * 100.000) / (188147118 * 0.950)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Inject. Date: 19-Dec-2019 21:19:13 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 14

Non-2,3,7,8-sub-TCDD, RT: 17.249

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000       129850657        30558634
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000       129850657        30558634

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

16.690            503870            142118            644847            172718      0.8444 0.78
17.566            202104             52238            180864             50176      0.2815 1.12 RQ
17.566            139265             38635            180864             50176      0.2353 Empc Correction
17.702             58303             18702             67818             21240      0.0927 0.86 Ma
18.156            267420             70306            376988             87808      0.4737 0.71
Signal Totals:

           968858            269761           1270517            331942
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          2302214            615306 0.81 RQMa
          2239375            601703 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.692 = (2302214 * 100.000) / (129850657 * 1.048)
Empc Amount:          1.646 = (2239375 * 100.000) / (129850657 * 1.048)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Inject. Date: 19-Dec-2019 21:19:13 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 14

F1 PeCDFs, RT: 19.774

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030 D 13C-1,2,3,7,8-PeCDF                     100.000       149773083        26906534
  2,3,4,7,8-PeCDF                    1.041 D 13C-2,3,4,7,8-PeCDF                     100.000       151775504        24956477
Averages:

RRFn Qis Ris Area Ris Height
  1.036        100.000       150774293        25931505

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

19.184            714904            159806            434636             99161      0.7362 1.64
Signal Totals:

           714904            159806            434636             99161
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1149540            258967 1.64

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7362 = (1149540 * 100.000) / (150774293 * 1.036)
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Inject. Date: 19-Dec-2019 21:19:13 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 14

Non-2,3,7,8-sub-PeCDF, RT: 22.858

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030 D 13C-1,2,3,7,8-PeCDF                     100.000       149773083        26906534
  2,3,4,7,8-PeCDF                    1.041 D 13C-2,3,4,7,8-PeCDF                     100.000       151775504        24956477
Averages:

RRFn Qis Ris Area Ris Height
  1.036        100.000       150774293        25931505

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

20.709           1228952            194190            800626            147956        1.30 1.53
22.537            257471             46062            120950             23453      0.2424 2.13 RQMa
22.537            187472             36352            120950             23453      0.1975 Empc Correction
Signal Totals:

          1416424            230542            921576            171409
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          2407999            411661 1.61 RQMa
          2338000            401951 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          1.542 = (2407999 * 100.000) / (150774293 * 1.036)
Empc Amount:          1.497 = (2338000 * 100.000) / (150774293 * 1.036)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Inject. Date: 19-Dec-2019 21:19:13 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 14

Non-2,3,7,8-sub-PeCDD, RT: 22.973

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDD                    1.086 D 13C-1,2,3,7,8-PeCDD                     100.000        95956922        15002667
Averages:

RRFn Qis Ris Area Ris Height
  1.086        100.000        95956922        15002667

Sum the Uncalibrated Results

RT
355.8546

Area
355.8546

Height
357.8516

Area
357.8516

Height
Amount

Ratio Flags

20.900            496349             89805            363357             66299      0.8254 1.37
21.650            531967            107351            346222             68724      0.8431 1.54 M
22.059            125597             22879             69865             13156      0.1877 1.80 RQ
22.059            108290             20391             69865             13156      0.1710 Empc Correction
22.918             87615             16661             59849             12342      0.1416 1.46
23.068            387224             60857            265580             39021      0.6267 1.46 M
Signal Totals:

          1611445            295065           1104873            199542
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          2733625            497095 1.47 RQM
          2716318            494607 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          2.624 = (2733625 * 100.000) / (95956922 * 1.086)
Empc Amount:          2.608 = (2716318 * 100.000) / (95956922 * 1.086)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Inject. Date: 19-Dec-2019 21:19:13 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 14

Non-2,3,7,8-sub-HxCDF, RT: 29.880

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDF                  1.147 D 13C-1,2,3,4,7,8-HxCDF                   100.000       131559880        21099201
  1,2,3,6,7,8-HxCDF                  1.145 D 13C-1,2,3,6,7,8-HxCDF                   100.000       130330007        21043231
  2,3,4,6,7,8-HxCDF                  1.173 D 13C-2,3,4,6,7,8-HxCDF                   100.000       123077720        27343715
  1,2,3,7,8,9-HxCDF                  1.172 D 13C-1,2,3,7,8,9-HxCDF                   100.000       115446572        28219799
Averages:

RRFn Qis Ris Area Ris Height
  1.159        100.000       125103544        24426486

Sum the Uncalibrated Results

RT
373.8208

Area
373.8208

Height
375.8178

Area
375.8178

Height
Amount

Ratio Flags

27.490            391316             52143            291508             43452      0.4709 1.34
27.889           1324854            178204           1152189            141105        1.71 1.15
29.194           1498423            187816           1225535            145357        1.88 1.22
32.244            103006             30913            106549             25562      0.1445 0.97 RQMa
32.244            103006             30913             83069             24929      0.1283 Empc Correction
Signal Totals:

          3317599            449076           2752301            354843
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          6093380            804552 1.20 RQMa
          6069900            803919 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.202 = (6093380 * 100.000) / (125103544 * 1.159)
Empc Amount:          4.186 = (6069900 * 100.000) / (125103544 * 1.159)
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QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
a - User Assigned ID
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Inject. Date: 19-Dec-2019 21:19:13 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 14

Non-2,3,7,8-sub-HxCDD, RT: 30.519

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.093 D 13C-1,2,3,4,7,8-HxCDD                   100.000        94787197        24688516
  1,2,3,6,7,8-HxCDD                  1.043 D 13C-1,2,3,6,7,8-HxCDD                   100.000       104772012        23176144
  1,2,3,7,8,9-HxCDD                  1.207
Averages:

RRFn Qis Ris Area Ris Height
  1.115        100.000        99779604        23932330

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

29.048           7186469            868025           5497496            672084        11.4 1.31
30.260            556988             70135            388363             52349      0.8501 1.43
30.699           3023165            545889           2378158            422695        4.86 1.27
30.912            432994             91219            376016             70981      0.7275 1.15
Signal Totals:

         11199616          1575268           8640033           1218109
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         19839649          2793377 1.30

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         17.840 = (19839649 * 100.000) / (99779604 * 1.115)

Page 625 of 1153



Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Inject. Date: 19-Dec-2019 21:19:13 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 14

Non-2,3,7,8-sub-HpCDF, RT: 34.169

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDF                1.480 D 13C-1,2,3,4,6,7,8-HpCDF                 100.000        85552426        27914095
  1,2,3,4,7,8,9-HpCDF                1.293 D 13C-1,2,3,4,7,8,9-HpCDF                 100.000        88692649        25722632
Averages:

RRFn Qis Ris Area Ris Height
  1.387        100.000        87122537        26818363

Sum the Uncalibrated Results

RT
407.7818

Area
407.7818

Height
409.7789

Area
409.7789

Height
Amount

Ratio Flags

33.919           5701013           1845912           5380999           1752562        9.17 1.06
Signal Totals:

          5701013           1845912           5380999           1752562
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         11082012          3598474 1.06

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          9.172 = (11082012 * 100.000) / (87122537 * 1.387)
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Lims ID: 320-56953-A-8-A
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Inject. Date: 19-Dec-2019 21:19:13 Dil. Factor: 1.0000     
Sample Type: Client Sample
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 14

Non-2,3,7,8-sub-HpCDD, RT: 34.144

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.054 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        85025924        25776928
Averages:

RRFn Qis Ris Area Ris Height
  1.054        100.000        85025924        25776928

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

33.871          41186823         13283482         39627006         12561528       90.2 1.04
Signal Totals:

         41186823         13283482         39627006         12561528
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         80813829         25845010 1.04

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         90.216 = (80813829 * 100.000) / (85025924 * 1.054)
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDF, Signal: 2,   m/z: 305.8987, RT: ( 14.69- 18.93)
Signal: 2

Processing Integration Results
RT = 16.206 Area = 308573
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Manual Integration Results
RT = 16.221 Area = 679541 M
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Reviewer: dadunj, 20-Dec-2019 14:42:55
Audit Action: Manually Integrated Audit Reason: Incomplete Integration
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 1

Processing Integration Results
RT:  17.81
Area: 4043089
Amount:    6.749002
Amount Units: pg/ul
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Manual Integration Results
RT:  17.81
Area: 3914816
Amount:    6.604868
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:43:23
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:15 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

2,3,7,8-TCDD, CAS: 1746-01-6
Signal: 2

Processing Integration Results
RT:  17.81
Area: 5138744
Amount:    6.749002
Amount Units: pg/ul
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Manual Integration Results
RT:  17.81
Area: 5070926
Amount:    6.604868
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:43:25
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F1:HRSIR

Non-2,3,7,8-sub-TCDD, Signal: 1,   m/z: 319.8965, RT: ( 15.59- 18.91)
Signal: 1

Processing Integration Results
Not Detected
RT:  15.59- 18.91
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Manual Integration Results
RT = 17.702 Area = 58303 M
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Reviewer: dadunj, 20-Dec-2019 14:43:32
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

1,2,3,7,8-PeCDF, CAS: 57117-41-6
Signal: 2

Processing Integration Results
RT:  22.02
Area: 538292
Amount:    0.859880
Amount Units: pg/ul
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Manual Integration Results
RT:  22.02
Area: 497985
Amount:    0.833757
Amount Units: pg/ul

21.5 21.7 21.9 22.1 22.3
Min

RT

0

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

 2
2.

01
8

Reviewer: dadunj, 20-Dec-2019 14:43:39
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDF, Signal: 1,   m/z: 339.8597, RT: ( 20.42- 25.29)
Signal: 1

Processing Integration Results
RT = 22.537 Area = 257471
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Manual Integration Results
RT = 22.537 Area = 257471
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Reviewer: dadunj, 20-Dec-2019 14:44:00
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 20.87- 25.08)
Signal: 1

Processing Integration Results
RT = 21.650 Area = 554964
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Manual Integration Results
RT = 21.650 Area = 531967 M
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Reviewer: dadunj, 20-Dec-2019 14:44:13
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

Non-2,3,7,8-sub-PeCDD, Signal: 1,   m/z: 355.8546, RT: ( 20.87- 25.08)
Signal: 1

Processing Integration Results
RT = 23.068 Area = 503442
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Manual Integration Results
RT = 23.068 Area = 387224 M
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Reviewer: dadunj, 20-Dec-2019 14:44:13
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 2

Processing Integration Results
Not Detected
Expected RT:  31.32
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Manual Integration Results
RT:  31.31
Area: 152218
Amount:    0.213842
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:44:50
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

2,3,4,6,7,8-HxCDF, CAS: 60851-34-5
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  31.32
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Manual Integration Results
RT:  31.31
Area: 156396
Amount:    0.213842
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:44:55
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 2

Processing Integration Results
RT:  32.24
Area: 106549
Amount:    0.200042
Amount Units: pg/ul

31.8 32.0 32.2 32.4 32.6
Min

0

2

4

6

8

10

12

14

16

18

20

22

24

26

28

30

Y
 ( 

X
10

00
)

F3:m/z     375.8178:SG5Pt_x1

 3
2.

24
4

Manual Integration Results
RT:  32.16
Area: 51540
Amount:    0.083221
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:45:00
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 3

Processing Integration Results
RT:  32.24
Area: 270583
Amount:    0.200042
Amount Units: pg/ul
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Manual Integration Results
RT:  32.16
Area: 112567
Amount:    0.083221
Amount Units: pg/ul
Reviewer: dadunj, 20-Dec-2019 14:45:00
Audit Action: Marked Compound Undetected Audit Reason: Invalid Compound ID
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDF, CAS: 72918-21-9
Signal: 1

Processing Integration Results
RT:  32.24
Area: 164034
Amount:    0.200042
Amount Units: pg/ul
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Manual Integration Results
RT:  32.16
Area: 61027
Amount:    0.083221
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:45:01
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

Non-2,3,7,8-sub-HxCDF, Signal: 1,   m/z: 373.8208, RT: ( 27.47- 32.29)
Signal: 1

Processing Integration Results
RT = 32.244 Area = 164034
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Manual Integration Results
RT = 32.244 Area = 103006 M
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Reviewer: dadunj, 20-Dec-2019 14:45:15
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

1,2,3,7,8,9-HxCDD, CAS: 19408-74-3
Signal: 1

Processing Integration Results
RT:  31.96
Area: 926521
Amount:    1.310421
Amount Units: pg/ul
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Manual Integration Results
RT:  31.96
Area: 808872
Amount:    1.212760
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:45:50
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Instrument ID: 3D5
Lims ID: 320-56953-A-8-A          Lab Sample ID: 320-56953-8              
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Operator ID:  AJS ALS Bottle#: 14 Worklist Smp#: 14
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  33.63
Area: 2635769
Amount:    4.334930
Amount Units: pg/ul
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Manual Integration Results
RT:  33.63
Area: 2521432
Amount:    4.244650
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:45:55
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 22-Dec-2019 13:01:17 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

)

F1:m/z     319.8965:SG5Pt_x1

2,3,7,8-TCDD
          17.81

Non-2,3,7,8-sub-TCDD
          16.69 20.0819.37

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

)

F1:m/z     321.8936:SG5Pt_x1

2,3,7,8-TCDD
          17.81

15.57
Non-2,3,7,8-sub-TCDD
          16.69 Non-2,3,7,8-sub-TCDD

          18.16 20.08

TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

27

31

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.60

13C-2,3,7,8-TCDD
          17.79

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.60

13C-2,3,7,8-TCDD
          17.79
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

27

31

35

39

Y
 ( 

X
10

00
00

0)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          17.81

14.29 15.33 16.57

37Cl4-TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

17

20

23

26

29

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.60

13C-2,3,7,8-TCDD
          17.79

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

27

31

35

39

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.60

13C-2,3,7,8-TCDD
          17.79
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Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  19.18

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

Y
 ( 

X
10

00
0)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  19.18
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Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F1:m/z     339.8597:SG5Pt_x1

F1 PeCDFs
  19.18

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs
  19.18

F1 PeCDFs Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

17

20

23

Y
 ( 

X
10

00
)

F1:m/z     409.7974:SG5Pt_x1

15.43

14.72

19.24
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Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          20.71

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          20.71

PeCDF Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.02

22.52

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.02

22.51
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Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          20.71

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          20.71

PeCDF Interference Mass

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

-4

1

6

11

16

21

26

31

36

41

46

Y
 ( 

X
10

00
)

F2:m/z     409.7974:SG5Pt_x1

22.40

20.94

24.88

21.28
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Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
0)

F2:m/z     355.8546:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
)

F2:m/z     357.8516:SG5Pt_x1

PeCDD Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.04

22.03

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.04

22.02
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Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          29.19

31.15

Non-2,3,7,8-sub-HxCDF
          32.24

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1
Non-2,3,7,8-sub-HxCDF
          29.19

31.17

Non-2,3,7,8-sub-HxCDF
          32.24

HxCDF Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.15

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.15
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Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          29.19

31.15

Non-2,3,7,8-sub-HxCDF
          32.24

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

Non-2,3,7,8-sub-HxCDF
          29.19

31.17

Non-2,3,7,8-sub-HxCDF
          32.24

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-2

3

8

13

18

23

28

33

38

43

48

53

Y
 ( 

X
10

00
)

F3:m/z     445.7555:SG5Pt_x1

31.14

29.78 32.46
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Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F3:m/z     389.8157:SG5Pt_x1

Non-2,3,7,8-sub-HxCDD
          29.05

Non-2,3,7,8-sub-HxCDD
          30.70

1,2,3,7,8,9-HxCDD
          31.96

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1
Non-2,3,7,8-sub-HxCDD
          29.06

Non-2,3,7,8-sub-HxCDD
          30.70

32.28

HxCDD Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.95

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.95
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Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.70

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.7033.52

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.62

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.62
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Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.70

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

Non-2,3,7,8-sub-HpCDF
          33.92

1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.7033.52

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8
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14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     423.7766:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          33.87

1,2,3,4,6,7,8-HpCDD
          34.42

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     425.7737:SG5Pt_x1

Non-2,3,7,8-sub-HpCDD
          33.87

1,2,3,4,6,7,8-HpCDD
          34.42

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.41

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.41
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Report Date: 22-Dec-2019 13:01:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.83

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

0

8

16

24

32

40

48
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Y
 ( 

X
10

00
00

)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  36.83

OCDF Standards

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.73

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.73

38.95
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Report Date: 22-Dec-2019 13:01:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
00

)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.83

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

0

6

12

18

24

30

36
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48
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Y
 ( 

X
10

00
00

)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.83

OCDF Interference Mass

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

-5

0

5

10
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20
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Y
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X
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00
)

F5:m/z     513.6775:SG5Pt_x1

39.51

36.33 38.69

Page 660 of 1153



Report Date: 22-Dec-2019 13:01:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

00
) F5:m/z     457.7377:SG5Pt_x1

OCDD
  36.75

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

00
) F5:m/z     459.7348:SG5Pt_x1

OCDD
  36.73

OCDD Standards

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min
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15

18

Y
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X
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00
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0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.73

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

0

3

6

9

12

15

18
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Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.73

38.95
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Report Date: 22-Dec-2019 13:01:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0
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26

39
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78
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Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 22-Dec-2019 13:01:18 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_14.d
Injection Date: 19-Dec-2019 21:19:13 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346752 Sample Line#: 14
Column Type: DB-5 Column Dia:  0.32 mm

35.5 36.4 37.3 38.2 39.1 40.0 40.9 41.8 42.7 43.6 44.5 45.4
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

11187072-120919-BN-SJSSA0
4(4-6) RA

SDG No.:

320-56953-1

Lab Sample ID: 320-56953-8 RA

Eurofins TestAmerica, Sacramento

Matrix: 19DE19A11D2_013.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

12/09/2019  16:20

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  23:52

Low2(uL)

20(uL)

% Moisture: 57.4

Sample wt/vol: 9.99(g)

N

Analysis Batch No.: 346764 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

2.3 0.5151207-31-9 2,3,7,8-TCDF 110

%RECCAS NO. LIMITSQISOTOPE DILUTION

65 24-16989059-46-1 13C-2,3,7,8-TCDF

%RECCAS NO. LIMITSQSURROGATE

116 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:38:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_013.d
Lims ID: 320-56953-A-8-A          
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Sample Type: Client
Inject. Date: 19-Dec-2019 23:52:49 ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-8-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:45

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.380  217313866 0.77  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.574  190024781 0.79   1.3379        65.4        65.4   0.2104   0.2104  65.36
  2,3,7,8-TCDF 16.601   36097169 0.80   0.8389        22.6        22.6   0.1092   0.1092
D 13C-2,3,7,8-TCDD 15.133  120179347 0.79   0.9388        58.9        58.9   0.7470   0.7470  58.91
  2,3,7,8-TCDD 15.161   10021040 0.79   1.1538       7.227       7.227   0.0930   0.0930
$ 37Cl4-2,3,7,8-TCDD 15.161  118878874   1.1816        46.3        46.3   0.0670   0.0670    116

S Total 2378-Chlorinated 0.000100 0.000100
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Report Date: 20-Dec-2019 14:38:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_013.d
Lims ID: 320-56953-A-8-A          
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Sample Type: Client
Inject. Date: 19-Dec-2019 23:52:49 ALS Bottle#: 0 Worklist Smp#: 13
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: 320-56953-A-8-A
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:36:08 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:35:45

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.380 15.376    0   94541250   20012506  67933 169832    295
333.9339 15.394 15.376    1  122772616   26245860  61835 154587    424  0.77(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.574 16.556    1  1.078   83659672   15665208  27832  69580    563
317.9389 16.574 16.556    1  1.078  106365109   20268997  24249  60622    836  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.601 16.570    2  1.002   15987336    3169364   5402  13505    587
305.8987 16.601 16.570    2  1.002   20109833    3888926   7762  19405    501  0.80(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.133 15.116    1  0.984   53132123   11524141  67933 169832    170
333.9339 15.133 15.116    1  0.984   67047224   14599248  61835 154587    236  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.161 15.143    1  1.002    4429735     951643   7061  17652    135
321.8936 15.161 15.143    1  1.002    5591305    1158449   4149  10372    279  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.161 15.143    1  0.986  118878874   24821405  14656  36640   1694

Total 2378-Chlorinated Dioxins & Furans
        0.0    0
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Report Date: 20-Dec-2019 14:38:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_013.d
Injection Date: 19-Dec-2019 23:52:49 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346764 Sample Line#: 13
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          16.60

15.11

14.06 18.9617.2712.86

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          16.60

15.11

14.05 17.26 18.9512.84

TCDF Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

12.06
10.81 18.99

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.57

12.06
10.83 18.97 23.06
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Report Date: 20-Dec-2019 14:38:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_013.d
Injection Date: 19-Dec-2019 23:52:49 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346764 Sample Line#: 13
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

3

7
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19

23

27

31

35

39

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF

2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

-1

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

00
0)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 20-Dec-2019 14:38:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_013.d
Injection Date: 19-Dec-2019 23:52:49 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346764 Sample Line#: 13
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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Y
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X
10

00
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F1:m/z     327.8840:SG5Pt_x1

37Cl4-2,3,7,8-TCDD

37Cl4-2,3,7,8-TCDD

37Cl4-TCDD Standards

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min
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Y
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X
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F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0
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6
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18
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24
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Y
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X
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00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 20-Dec-2019 14:38:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_013.d
Injection Date: 19-Dec-2019 23:52:49 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID: 11187072-120919-BN-SJSSA04(4-6)
Worklist#: 346764 Sample Line#: 13
Column Type: DB-225 Column Dia:  0.32 mm
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F1:m/z     330.9792:SG5Pt_x1
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY INTERNAL STANDARD - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56953-1

11D2

Analy Batch No.: 312067

46494Calibration Start Date: Calibration End Date:08/02/2019  02:52

N

08/02/2019  05:25

0.32(mm)DB-225 ID:

CURVE EVALUATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
1Level IC 320-312067/3 02AU1911D2_003.d
2Level IC 320-312067/4 02AU1911D2_004.d
3Level IC 320-312067/5 02AU1911D2_005.d
4Level IC 320-312067/6 02AU1911D2_006.d
5Level IC 320-312067/7 02AU1911D2_007.d

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

2,3,7,8-TCDD 1.4072 1.1517 0.9928 1.1253 1.0921 AveID 13.3 20.01.1538
2,3,7,8-TCDF 0.9508 0.8634 0.7802 0.8060 0.7939 AveID 8.4 20.00.8389
13C-2,3,7,8-TCDD 0.9860 0.9016 0.9603 0.9300 0.9162 Ave 3.6 35.00.9388
13C-2,3,7,8-TCDF 1.4126 1.2992 1.3548 1.2560 1.3671 Ave 4.6 35.01.3379
37Cl4-2,3,7,8-TCDD 1.2464 1.0504 1.1674 1.2313 1.2128 Ave 6.71.1816

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY INTERNAL STANDARD - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56953-1

11D2

Analy Batch No.: 312067

46494Calibration Start Date: Calibration End Date:08/02/2019  02:52

N

08/02/2019  05:25

GC Column: DB-225 ID: 0.32(mm)

RESPONSE AND CONCENTRATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
Level 1 IC 320-312067/3 02AU1911D2_003.d
Level 2 IC 320-312067/4 02AU1911D2_004.d
Level 3 IC 320-312067/5 02AU1911D2_005.d
Level 4 IC 320-312067/6 02AU1911D2_006.d
Level 5 IC 320-312067/7 02AU1911D2_007.d

ANALYTE CURVE
TYPE

IS
REF

RESPONSE

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CONCENTRATION (PG/UL)

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

2,3,7,8-TCDD AveID 766838 2408989 10136940 48146783 221171643 0.500 2.00 10.0 40.0 200
2,3,7,8-TCDF AveID 742351 2602621 11238394 46575552 239921851 0.500 2.00 10.0 40.0 200
13C-2,3,7,8-TCDD Ave13CTCDD 108987233 104587968 102100937 106968299 101263855 100 100 100 100 100
13C-2,3,7,8-TCDF Ave13CTCDD 156147949 150712836 144041178 144459393 151101344 100 100 100 100 100
37Cl4-2,3,7,8-TCDD Ave13CTCDD 688870 2436945 9929024 56650769 268090229 0.500 2.00 8.00 40.0 200

Curve Type Legend:
Ave = Average ISTD
AveID = Average isotope dilution
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Report Date: 02-Aug-2019 11:50:56 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Lims ID: IC  2                    
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 02-Aug-2019 02:52:03 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-2 HRDXNL2_00027
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:50:46 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:43:34

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.424  110538697 0.80  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.591  156147949 0.76   1.3379       105.6       105.6   0.5565   0.5565    106
  2,3,7,8-TCDF 16.618     742351 0.68   0.8389      0.5667      0.5667   0.0601   0.0601    113
D 13C-2,3,7,8-TCDD 15.150  108987233 0.78   0.9388       105.0       105.0   0.3029   0.3029    105
  2,3,7,8-TCDD 15.164     766838 0.66   1.1538      0.6098      0.6098   0.1272   0.1272    122  n
$ 37Cl4-2,3,7,8-TCDD 15.177     688870   1.1816      0.5274      0.5274   0.0799   0.0799    105

S Total 2378-Chlorinated 0.000100 0.000100

QC Flag Legend
Processing Flags
  n - Failed Sig-To-Noise Test
Reagents:
HRDXNL2_00027 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:50:56 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Lims ID: IC  2                    
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 02-Aug-2019 02:52:03 ALS Bottle#: 0 Worklist Smp#: 3
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-2 HRDXNL2_00027
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:50:46 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:43:34

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.424 15.416    0   49211451   11686880  18543  46357    630
333.9339 15.424 15.416    0   61327246   14873725  11665  29162   1275  0.80(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.591 16.580    1  1.076   67180120   14400770  53937 134842    267
317.9389 16.591 16.580    1  1.076   88967829   19171242  25172  62930    762  0.76(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.618 16.599    1  1.002     300768      58292   2710   6775     22
305.8987 16.604 16.599    0  1.001     441583      80440   4062  10155     20  0.68(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.150 15.136    1  0.982   47916340   11905033  18543  46357    642
333.9339 15.150 15.136    1  0.982   61070893   14985948  11665  29162   1285  0.78(0.65-0.89)

2,3,7,8-TCDD n
319.8965 15.164 15.156    0  1.001     304053      63475   6504  16260     10
321.8936 15.177 15.156    1  1.002     462785      92174   9277  23192     10  0.66(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.177 15.158    1  0.984     688870     148959  10036  25090     15

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

QC Flag Legend
Processing Flags
  n - Failed Sig-To-Noise Test
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Report Date: 02-Aug-2019 11:50:56 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Reagents:
HRDXNL2_00027 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:50:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Injection Date: 02-Aug-2019 02:52:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 3
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          16.62
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F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          16.60

TCDF Standards
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F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.59
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F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          16.59

18.85

Page 679 of 1153



Report Date: 02-Aug-2019 11:50:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Injection Date: 02-Aug-2019 02:52:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 3
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:50:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Injection Date: 02-Aug-2019 02:52:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 3
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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13C-2,3,7,8-TCDD13C-1,2,3,4-TCDD

13C-1,2,3,4-TCDD
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Report Date: 02-Aug-2019 11:50:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Injection Date: 02-Aug-2019 02:52:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 3
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:50:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_003.d
Injection Date: 02-Aug-2019 02:52:03 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 3
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

45

48

51

54

57

60

63

66

69

72

75

78

81

84

87

90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1

Page 683 of 1153



Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Lims ID: IC  3                    
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 02-Aug-2019 03:30:21 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-3 HRDXNL3_00025
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:51:18 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:43:45

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.422  116003371 0.79  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.588  150712836 0.76   1.3379        97.1        97.1   0.5017   0.5017  97.11
  2,3,7,8-TCDF 16.602    2602621 0.77   0.8389       2.059       2.059   0.0697   0.0697    103
D 13C-2,3,7,8-TCDD 15.134  104587968 0.77   0.9388        96.0        96.0   0.2954   0.2954  96.04
  2,3,7,8-TCDD 15.161    2408989 0.76   1.1538       1.996       1.996   0.1402   0.1402  99.81
$ 37Cl4-2,3,7,8-TCDD 15.161    2436945   1.1816       1.778       1.778   0.0697   0.0697  88.89

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL3_00025 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Lims ID: IC  3                    
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 02-Aug-2019 03:30:21 ALS Bottle#: 0 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-3 HRDXNL3_00025
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:51:18 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:43:45

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.422 15.416    0   51108109   12518707  19618  49045    638
333.9339 15.422 15.416    0   64895262   16017022  12040  30100   1330  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.588 16.580    0  1.076   65303459   13590544  55233 138082    246
317.9389 16.588 16.580    0  1.076   85409377   18139250  21388  53470    848  0.76(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.602 16.599    0  1.001    1128784     210338   2933   7332     72
305.8987 16.602 16.599    0  1.001    1473837     306111   4488  11220     68  0.77(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.134 15.136    0  0.981   45657518   11153304  19618  49045    569
333.9339 15.134 15.136    0  0.981   58930450   14086226  12040  30100   1170  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.161 15.156    0  1.002    1042745     248740   6492  16230     38
321.8936 15.161 15.156    0  1.002    1366244     315049   9844  24610     32  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.161 15.158    0  0.983    2436945     572005   9406  23515     61

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL3_00025 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Injection Date: 02-Aug-2019 03:30:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Injection Date: 02-Aug-2019 03:30:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Injection Date: 02-Aug-2019 03:30:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 02-Aug-2019 11:51:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Injection Date: 02-Aug-2019 03:30:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:51:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_004.d
Injection Date: 02-Aug-2019 03:30:21 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 4
Column Type: DB-225 Column Dia:  0.32 mm
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Report Date: 02-Aug-2019 11:50:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Lims ID: IC  4                    
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 02-Aug-2019 04:08:39 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-4 HRDXNL4_00084
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:50:13 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 11:50:13

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.424  106319859 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.591  144041178 0.79   1.3379       101.3       101.3   0.5534   0.5534    101
  2,3,7,8-TCDF 16.604   11238394 0.76   0.8389       9.301       9.301   0.0827   0.0827  93.01
D 13C-2,3,7,8-TCDD 15.136  102100937 0.77   0.9388       102.3       102.3   0.2809   0.2809    102
  2,3,7,8-TCDD 15.164   10136940 0.76   1.1538       8.605       8.605   0.1498   0.1498  86.05
$ 37Cl4-2,3,7,8-TCDD 15.164    9929024   1.1816       7.903       7.903   0.1068   0.1068  98.79

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL4_00084 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:50:36 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Lims ID: IC  4                    
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 02-Aug-2019 04:08:39 ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-4 HRDXNL4_00084
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:50:13 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 11:50:13

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.424 15.416    0   46708197   10977681  16216  40540    677
333.9339 15.424 15.416    0   59611662   14687691  10856  27140   1353  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.591 16.580    1  1.076   63548576   13720043  50935 127337    269
317.9389 16.591 16.580    1  1.076   80492602   17728003  25076  62690    707  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.604 16.599    0  1.001    4865871    1034824   3394   8485    305
305.8987 16.604 16.599    0  1.001    6372523    1366111   5328  13320    256  0.76(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.136 15.136    0  0.981   44311856   10806558  16216  40540    666
333.9339 15.136 15.136    0  0.981   57789081   13912119  10856  27140   1282  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.164 15.156    0  1.002    4381105    1087501   6755  16887    161
321.8936 15.164 15.156    0  1.002    5755835    1373692  10330  25825    133  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.164 15.158    0  0.983    9929024    2303011  12961  32402    178

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL4_00084 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:50:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Injection Date: 02-Aug-2019 04:08:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:50:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Injection Date: 02-Aug-2019 04:08:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:50:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Injection Date: 02-Aug-2019 04:08:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 02-Aug-2019 11:50:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Injection Date: 02-Aug-2019 04:08:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:50:37 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_005.d
Injection Date: 02-Aug-2019 04:08:39 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 5
Column Type: DB-225 Column Dia:  0.32 mm
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Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Lims ID: IC  5                    
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 02-Aug-2019 04:46:57 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-5 HRDXNL5_00028
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:52:00 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:44:08

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.407  115018689 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.573  144459393 0.77   1.3379        93.9        93.9   0.5274   0.5274  93.87
  2,3,7,8-TCDF 16.586   46575552 0.77   0.8389        38.4        38.4   0.1167   0.1167  96.08
D 13C-2,3,7,8-TCDD 15.132  106968299 0.77   0.9388        99.1        99.1   0.2830   0.2830  99.06
  2,3,7,8-TCDD 15.146   48146783 0.76   1.1538        39.0        39.0   0.1640   0.1640  97.53
$ 37Cl4-2,3,7,8-TCDD 15.146   56650769   1.1816        41.7        41.7   0.0894   0.0894    104

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL5_00028 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Lims ID: IC  5                    
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 02-Aug-2019 04:46:57 ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-5 HRDXNL5_00028
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:52:00 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:44:08

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.407 15.416   -1   50351038   12128425  19106  47765    635
333.9339 15.407 15.416   -1   64667651   15935590  10721  26802   1486  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.573 16.580    0  1.076   62832695   14048507  53452 133630    263
317.9389 16.573 16.580    0  1.076   81626698   17801662  25764  64410    691  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.586 16.599   -1  1.001   20335382    4486199   5024  12560    893
305.8987 16.586 16.599   -1  1.001   26240170    5630982   7452  18630    756  0.77(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.132 15.136    0  0.982   46501097   11086056  19106  47765    580
333.9339 15.118 15.136   -1  0.981   60467202   14396233  10721  26802   1343  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.146 15.156   -1  1.001   20863773    5196689   8344  20860    623
321.8936 15.146 15.156   -1  1.001   27283010    6610856  10939  27347    604  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.146 15.158   -1  0.983   56650769   13763841  11857  29642   1161

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL5_00028 Amount Added:   1.00 Units: mL

Page 699 of 1153



Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Injection Date: 02-Aug-2019 04:46:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Injection Date: 02-Aug-2019 04:46:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Injection Date: 02-Aug-2019 04:46:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 02-Aug-2019 11:52:18 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Injection Date: 02-Aug-2019 04:46:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:52:19 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_006.d
Injection Date: 02-Aug-2019 04:46:57 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 6
Column Type: DB-225 Column Dia:  0.32 mm

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

3

6

9

12

15

18

21

24

27

30

33

36

39

42

45

48

51

54

57

60

63

66

69

72

75

78

81

84

87

90

93

96

99

Y

F1:m/z     330.9792:SG5Pt_x1

Page 704 of 1153



Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Lims ID: IC  6                    
Client ID:
Sample Type: IC Calib Level: 6
Inject. Date: 02-Aug-2019 05:25:19 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-6 HRDXNL6_00024
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:52:36 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:44:20

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.404  110526038 0.77  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.556  151101344 0.75   1.3379       102.2       102.2   0.5415   0.5415    102
  2,3,7,8-TCDF 16.584  239921851 0.78   0.8389       189.3       189.3   0.1707   0.1707  94.64
D 13C-2,3,7,8-TCDD 15.130  101263855 0.79   0.9388        97.6        97.6   0.2909   0.2909  97.59
  2,3,7,8-TCDD 15.143  221171643 0.78   1.1538       189.3       189.3   0.2031   0.2031  94.65
$ 37Cl4-2,3,7,8-TCDD 15.143  268090229   1.1816       205.3       205.3   0.1091   0.1091    103

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL6_00024 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Lims ID: IC  6                    
Client ID:
Sample Type: IC Calib Level: 6
Inject. Date: 02-Aug-2019 05:25:19 ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CS-6 HRDXNL6_00024
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:52:36 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:44:20

Signal
RT

(min.)
Adj RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.404 15.416   -1   48112289   11729044  18185  45462    645
333.9339 15.404 15.416   -1   62413749   15576756  11642  29105   1338  0.77(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.556 16.580   -1  1.075   64986610   14150118  57009 142522    248
317.9389 16.556 16.580   -1  1.075   86114734   18279234  22119  55297    826  0.75(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.584 16.599   -1  1.002  104966823   22470376   8972  22430   2505
305.8987 16.584 16.599   -1  1.002  134955028   28495262   9607  24017   2966  0.78(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.130 15.136    0  0.982   44673635   10986883  18185  45462    604
333.9339 15.130 15.136    0  0.982   56590220   13637893  11642  29105   1171  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.143 15.156   -1  1.001   96586623   23829881   9066  22665   2628
321.8936 15.143 15.156   -1  1.001  124585020   30700236  14012  35030   2191  0.78(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.143 15.158   -1  0.983  268090229   64785114  14075  35187   4603

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL6_00024 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Injection Date: 02-Aug-2019 05:25:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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13C-2,3,7,8-TCDF
          16.56
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Injection Date: 02-Aug-2019 05:25:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Injection Date: 02-Aug-2019 05:25:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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F1:m/z     319.8965:SG5Pt_x1
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F1:m/z     321.8936:SG5Pt_x1
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TCDD Standards
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F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Injection Date: 02-Aug-2019 05:25:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
00

0)

F1:m/z     327.8840:SG5Pt_x1
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13C-1,2,3,4-TCDD
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD

13C-2,3,7,8-TCDD
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Report Date: 02-Aug-2019 11:52:57 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d
Injection Date: 02-Aug-2019 05:25:19 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 7
Column Type: DB-225 Column Dia:  0.32 mm
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F1:m/z     330.9792:SG5Pt_x1
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56953-1

3D5

Analy Batch No.: 345037

48401Calibration Start Date: Calibration End Date:12/12/2019  11:28

N

12/12/2019  14:39

0.32(mm)DB-5 ID:

CURVE EVALUATION

LEVEL: LAB SAMPLE ID: EPA SAMPLE NO: LAB FILE ID:

Calibration Files:

Level 1 IC 320-345037/3 L2 12DE193D5_3.d
Level 2 IC 320-345037/4 L3 12DE193D5_4.d
Level 3 IC 320-345037/5 L4 12DE193D5_5.d
Level 4 IC 320-345037/6 L5 12DE193D5_6.d
Level 5 IC 320-345037/7 L6 12DE193D5_7.d

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

2,3,7,8-TCDF 0.7733 0.9283 0.9752 1.0509 1.0232 AveID 11.5 20.00.9502
2,3,7,8-TCDD 0.8866 1.0677 1.0581 1.1092 1.1170 AveID 8.9 20.01.0477
1,2,3,7,8-PeCDF 0.8736 1.1020 1.0451 1.0906 1.0398 AveID 8.9 20.01.0302
2,3,4,7,8-PeCDF 0.8948 1.1141 0.9855 1.1344 1.0759 AveID 9.6 20.01.0410
1,2,3,7,8-PeCDD 0.9736 1.1578 1.1149 1.1160 1.0652 AveID 6.5 20.01.0855
1,2,3,4,7,8-HxCDF 0.9727 1.2028 1.1378 1.2189 1.2038 AveID 8.9 20.01.1472
1,2,3,6,7,8-HxCDF 0.9782 1.2008 1.1729 1.2146 1.1586 AveID 8.4 20.01.1450
2,3,4,6,7,8-HxCDF 1.0083 1.2303 1.2055 1.2332 1.1857 AveID 8.0 20.01.1726
1,2,3,4,7,8-HxCDD 0.9769 1.1694 1.0703 1.1689 1.0815 AveID 7.3 20.01.0934
1,2,3,6,7,8-HxCDD 0.8928 1.1393 1.0733 1.0530 1.0561 AveID 8.7 20.01.0429
1,2,3,7,8,9-HxCDD 1.1190 1.2983 1.2307 1.2270 1.1617 AveID 5.7 20.01.2073
1,2,3,7,8,9-HxCDF 1.0099 1.2240 1.2032 1.2271 1.1941 AveID 7.8 20.01.1717
1,2,3,4,6,7,8-HpCDF 1.2679 1.5610 1.4386 1.6231 1.5111 AveID 9.2 20.01.4804
1,2,3,4,6,7,8-HpCDD 0.9486 1.0921 1.0633 1.0950 1.0688 AveID 5.7 20.01.0535
1,2,3,4,7,8,9-HpCDF 1.1475 1.3140 1.2683 1.3777 1.3590 AveID 7.1 20.01.2933
OCDD 1.0920 1.2499 1.1141 1.1447 1.0802 AveID 6.0 20.01.1362
OCDF 1.2883 1.5239 1.3341 1.4689 1.3572 AveID 7.0 20.01.3945
13C-2,3,7,8-TCDF 1.4149 1.3615 1.4301 1.4025 1.4697 Ave 2.8 35.01.4157
13C-2,3,7,8-TCDD 0.9639 0.9558 0.9685 0.9943 0.9929 Ave 1.8 35.00.9751
13C-1,2,3,7,8-PeCDF 1.1504 1.1299 1.1699 1.1868 1.2560 Ave 4.1 35.01.1786
13C-2,3,4,7,8-PeCDF 1.1012 1.0905 1.1528 1.1309 1.1785 Ave 3.2 35.01.1308
13C-1,2,3,7,8-PeCDD 0.7490 0.7273 0.7283 0.7794 0.8019 Ave 4.3 35.00.7572
13C-1,2,3,4,7,8-HxCDF 1.0651 1.1051 1.1007 1.1073 1.1431 Ave 2.5 35.01.1043
13C-1,2,3,6,7,8-HxCDF 1.1269 1.1509 1.1084 1.1531 1.1960 Ave 2.9 35.01.1470
13C-2,3,4,6,7,8-HxCDF 1.0491 1.0900 1.0279 1.1014 1.1159 Ave 3.4 35.01.0769
13C-1,2,3,4,7,8-HxCDD 0.7651 0.8011 0.7923 0.7924 0.8302 Ave 2.9 35.00.7962
13C-1,2,3,6,7,8-HxCDD 0.8463 0.8650 0.8355 0.9041 0.9091 Ave 3.8 35.00.8720
13C-1,2,3,7,8,9-HxCDF 0.9635 1.0187 0.9696 1.0318 1.0740 Ave 4.5 35.01.0115
13C-1,2,3,4,6,7,8-HpCDF 0.7007 0.7750 0.7261 0.7657 0.8206 Ave 6.1 35.00.7577
13C-1,2,3,4,6,7,8-HpCDD 0.6455 0.7147 0.6645 0.7528 0.7517 Ave 7.0 35.00.7058
13C-1,2,3,4,7,8,9-HpCDF 0.6248 0.6970 0.6631 0.7301 0.7557 Ave 7.5 35.00.6941
13C-OCDD 0.4116 0.4270 0.4351 0.4924 0.5352 Ave 11.3 35.00.4603

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56953-1

3D5

Analy Batch No.: 345037

48401Calibration Start Date: Calibration End Date:12/12/2019  11:28

N

12/12/2019  14:39

0.32(mm)DB-5 ID:

CURVE EVALUATION

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

37Cl4-2,3,7,8-TCDD 1.2285 1.2329 1.5190 1.3729 1.3866 Ave 9.01.3480

FORM VI 1613B

Note: The M1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56953-1

3D5

Analy Batch No.: 345037

48401Calibration Start Date: Calibration End Date:12/12/2019  11:28

N

12/12/2019  14:39

GC Column: DB-5 ID: 0.32(mm)

RESPONSE AND CONCENTRATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
Level 1 IC 320-345037/3 12DE193D5_3.d
Level 2 IC 320-345037/4 12DE193D5_4.d
Level 3 IC 320-345037/5 12DE193D5_5.d
Level 4 IC 320-345037/6 12DE193D5_6.d
Level 5 IC 320-345037/7 12DE193D5_7.d

ANALYTE CURVE
TYPE

IS
REF

RESPONSE

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CONCENTRATION (PG/UL)

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

2,3,7,8-TCDF AveID 1274172 5903543 32091889 132413553 567933884 0.500 2.00 10.0 40.0 200
2,3,7,8-TCDD AveID 995222 4766996 23580601 99082308 418876400 0.500 2.00 10.0 40.0 200
1,2,3,7,8-PeCDF AveID 5851206 29080170 140673612 581363087 2466178873 2.50 10.0 50.0 200 1000
2,3,4,7,8-PeCDF AveID 5737636 28373728 130713898 576277220 2394358497 2.50 10.0 50.0 200 1000
1,2,3,7,8-PeCDD AveID 4246020 19667667 93429816 390728173 1612908693 2.50 10.0 50.0 200 1000
1,2,3,4,7,8-HxCDF AveID 5545989 27852640 137734608 570996325 2563115775 2.50 10.0 50.0 200 1000
1,2,3,6,7,8-HxCDF AveID 5900625 28957236 142961587 592549839 2581265503 2.50 10.0 50.0 200 1000
2,3,4,6,7,8-HxCDF AveID 5662489 28098536 136271106 574663111 2464596807 2.50 10.0 50.0 200 1000
1,2,3,4,7,8-HxCDD AveID 4000505 19629316 93254778 391874961 1672379041 2.50 10.0 50.0 200 1000
1,2,3,6,7,8-HxCDD AveID 4044419 20651010 98614866 402773504 1788364825 2.50 10.0 50.0 200 1000
1,2,3,7,8,9-HxCDD AveID 4825859 22661690 110159416 440337374 1881769266 2.50 10.0 50.0 200 1000
1,2,3,7,8,9-HxCDF AveID 5208722 26126431 128293546 535635876 2388744572 2.50 10.0 50.0 200 1000
1,2,3,4,6,7,8-HpCDF AveID 4755914 25350445 114883210 525836756 2309957389 2.50 10.0 50.0 200 1000
1,2,3,4,6,7,8-HpCDD AveID 3277321 16353697 77704317 348725265 1496594886 2.50 10.0 50.0 200 1000
1,2,3,4,7,8,9-HpCDF AveID 3837855 19189830 92482689 425539186 1913174732 2.50 10.0 50.0 200 1000
OCDD AveID 4811448 22367401 106623239 476901861 2153864314 5.00 20.0 100 400 2000
OCDF AveID 5676582 27270567 127683858 611942959 2706173170 5.00 20.0 100 400 2000
13C-2,3,7,8-TCDF Ave13CTCDD 329541553 317966293 329077583 314996891 277528864 100 100 100 100 100
13C-2,3,7,8-TCDD Ave13CTCDD 224505471 223228422 222854376 223322673 187504800 100 100 100 100 100
13C-1,2,3,7,8-PeCDF Ave13CTCDD 267927119 263888884 269197886 266542876 237179506 100 100 100 100 100
13C-2,3,4,7,8-PeCDF Ave13CTCDD 256478177 254672733 265262610 253995484 222542126 100 100 100 100 100
13C-1,2,3,7,8-PeCDD Ave13CTCDD 174446593 169864186 167599127 175058491 151420854 100 100 100 100 100
13C-1,2,3,4,7,8-HxCDF Ave13CHxCD 228057392 231563640 242099177 234227258 212926355 100 100 100 100 100
13C-1,2,3,6,7,8-HxCDF Ave13CHxCD 241275292 241149788 243784643 243919748 222786807 100 100 100 100 100
13C-2,3,4,6,7,8-HxCDF Ave13CHxCD 224637565 228396958 226090409 232992892 207860074 100 100 100 100 100
13C-1,2,3,4,7,8-HxCDD Ave13CHxCD 163808128 167853325 174266733 167631105 154639045 100 100 100 100 100
13C-1,2,3,6,7,8-HxCDD Ave13CHxCD 181206025 181254882 183758146 191249218 169339469 100 100 100 100 100
13C-1,2,3,7,8,9-HxCDF Ave13CHxCD 206305806 213447196 213252409 218257445 200052961 100 100 100 100 100
13C-1,2,3,4,6,7,8-HpCDF Ave13CHxCD 150037410 162401122 159712904 161981056 152865078 100 100 100 100 100
13C-1,2,3,4,6,7,8-HpCDD Ave13CHxCD 138203122 149748569 146156878 159237326 140028109 100 100 100 100 100
13C-1,2,3,4,7,8,9-HpCDF Ave13CHxCD 133781139 146041140 145840544 154442339 140774596 100 100 100 100 100
13C-OCDD Ave13CHxCD 176245574 178956155 191409180 208300311 199399104 200 200 200 200 200
37Cl4-2,3,7,8-TCDD Ave13CTCDD 1430622 5758902 34952681 123340927 523686187 0.500 2.00 10.0 40.0 200
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

DIOXIN BY ISOTOPIC DILUTION - INITIAL CALIBRATION DATA

Eurofins TestAmerica, Sacramento 320-56953-1

3D5

Analy Batch No.: 345037

48401Calibration Start Date: Calibration End Date:12/12/2019  11:28

N

12/12/2019  14:39

GC Column: DB-5 ID: 0.32(mm)

RESPONSE AND CONCENTRATION

Curve Type Legend:
Ave = Average ISTD
AveID = Average isotope dilution
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Report Date: 12-Dec-2019 15:54:09 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Lims ID: IC 2                     
Client ID: L2
Sample Type: IC Calib Level: 2
Inject. Date: 12-Dec-2019 11:28:54 ALS Bottle#: 4 Worklist Smp#: 3
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC  121219  IC  HRDXNL2_00027
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 15:54:08 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 13:35:12

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.672  232904111 0.79  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.173  329541553 0.77   1.4157        99.9        99.9   0.2093   0.2093  99.94
  2,3,7,8-TCDF 17.173    1274172 0.88   0.9502      0.4069      0.4069   0.0250   0.0250  81.38
S Total TCDF      0.4069      0.4069   0.0250   0.0250

D 13C-2,3,7,8-TCDD 17.854  224505471 0.79   0.9751        98.9        98.9   0.1651   0.1651  98.86
  2,3,7,8-TCDD 17.869     995222 0.78   1.0477      0.4231      0.4231   0.0273   0.0273  84.62
$ 37Cl4-2,3,7,8-TCDD 17.869    1430622   1.3480      0.4557      0.4557   0.0167   0.0167  91.14

S Total TCDD      0.4231      0.4231   0.0273   0.0273

D 13C-1,2,3,7,8-PeCDF 22.114  267927119 1.60   1.1786        97.6        97.6   0.2528   0.2528  97.61
  1,2,3,7,8-PeCDF 22.141    5851206 1.59   1.0302       2.120       2.120   0.0436   0.0436  84.79
D 13C-2,3,4,7,8-PeCDF 23.437  256478177 1.60   1.1308        97.4        97.4   0.2635   0.2635  97.39
  2,3,4,7,8-PeCDF 23.464    5737636 1.64   1.0410       2.149       2.149   0.0481   0.0481  85.96
S Total PeCDF       4.269       4.269   0.0458   0.0458

D 13C-1,2,3,7,8-PeCDD 24.146  174446593 1.59   0.7572        98.9        98.9   0.1508   0.1508  98.92
  1,2,3,7,8-PeCDD 24.159    4246020 1.69   1.0855       2.242       2.242   0.0566   0.0566  89.69
S Total PeCDD       2.242       2.242   0.0566   0.0566

D 13C-1,2,3,4,7,8-HxCDF 30.273  228057392 0.51   1.1043        96.5        96.5   0.2688   0.2688  96.46
  1,2,3,4,7,8-HxCDF 30.313    5545989 1.17   1.1472       2.120       2.120   0.0312   0.0312  84.79
D 13C-1,2,3,6,7,8-HxCDF 30.473  241275292 0.51   1.1470        98.2        98.2   0.2588   0.2588  98.24
  1,2,3,6,7,8-HxCDF 30.499    5900625 1.17   1.1450       2.136       2.136   0.0296   0.0296  85.43
D 13C-2,3,4,6,7,8-HxCDF 31.365  224637565 0.53   1.0769        97.4        97.4   0.2757   0.2757  97.43
  2,3,4,6,7,8-HxCDF 31.378    5662489 1.16   1.1726       2.150       2.150   0.0226   0.0226  85.99
D 13C-1,2,3,7,8,9-HxCDF 32.204  206305806 0.52   1.0115        95.3        95.3   0.2935   0.2935  95.26
  1,2,3,7,8,9-HxCDF 32.217    5208722 1.21   1.1717       2.155       2.155   0.0235   0.0235  86.19
S Total HxCDF       8.560       8.560   0.0267   0.0267

* 13C-1,2,3,7,8,9-HxCDD 32.004  214114257 1.24  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.565  163808128 1.29   0.7962        96.1        96.1   0.2305   0.2305  96.09
  1,2,3,4,7,8-HxCDD 31.578    4000505 1.21   1.0934       2.234       2.234   0.0334   0.0334  89.34
D 13C-1,2,3,6,7,8-HxCDD 31.671  181206025 1.27   0.8720        97.1        97.1   0.2105   0.2105  97.05
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Report Date: 12-Dec-2019 15:54:09 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,6,7,8-HxCDD 31.684    4044419 1.22   1.0429       2.140       2.140   0.0318   0.0318  85.61
  1,2,3,7,8,9-HxCDD 32.031    4825859 1.15   1.2073       2.317       2.317   0.0288   0.0288  92.68
S Total HxCDD       6.691       6.691   0.0314   0.0314

D 13C-1,2,3,4,6,7,8-HpCDF 33.652  150037410 0.44   0.7577        92.5        92.5    1.159    1.159  92.49
  1,2,3,4,6,7,8-HpCDF 33.664    4755914 1.18   1.4804       2.141       2.141   0.0490   0.0490  85.65
D 13C-1,2,3,4,7,8,9-HpCDF 34.734  133781139 0.44   0.6941        90.0        90.0    1.265    1.265  90.01
  1,2,3,4,7,8,9-HpCDF 34.746    3837855 1.11   1.2933       2.218       2.218   0.0660   0.0660  88.73
S Total HpCDF       4.359       4.359   0.0575   0.0575

D 13C-1,2,3,4,6,7,8-HpCDD 34.442  138203122 1.05   0.7058        91.4        91.4   0.4508   0.4508  91.45
  1,2,3,4,6,7,8-HpCDD 34.454    3277321 0.97   1.0535       2.251       2.251   0.0263   0.0263  90.03
S Total HpCDD       2.251       2.251   0.0263   0.0263

D 13C-OCDD 36.770  176245574 0.88   0.4603       178.8       178.8   0.1805   0.1805  89.42
  OCDF 36.877    5676582 0.95   1.3945       4.619       4.619   0.0557   0.0557  92.39
  OCDD 36.782    4811448 0.89   1.1362       4.806       4.806   0.0425   0.0425  96.11

Reagents:
HRDXNL2_00027 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 15:54:09 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Lims ID: IC 2                     
Client ID: L2
Sample Type: IC Calib Level: 2
Inject. Date: 12-Dec-2019 11:28:54 ALS Bottle#: 4 Worklist Smp#: 3
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC  121219  IC  HRDXNL2_00027
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 15:54:08 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 13:35:12

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.672 17.666    0  102601529   26223424  24034  60085   1091
333.9339 17.672 17.666    0  130302582   32981144  14096  35240   2340  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.173 17.164    1  0.972  143162383   35138724  33977  84942   1034
317.9389 17.158 17.164    0  0.971  186379170   44913079  36197  90492   1241  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.173 17.176    0  1.000     597494     161938   2758   6895     59
305.8987 17.173 17.176    0  1.000     676678     155092   4856  12140     32  0.88(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.854 17.854    0  1.010   98843345   22651530  24034  60085    942
333.9339 17.854 17.854    0  1.010  125662126   29074532  14096  35240   2063  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.869 17.872    0  1.001     435714     109775   4000  10000     27
321.8936 17.884 17.872    1  1.002     559508     133812   1921   4802     70  0.78(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.869 17.872    0  1.011    1430622     305157   5346  13365     57

13C-1,2,3,7,8-PeCDF
351.9000 22.114 22.103    1  1.251  164768205   29211398  41861 104652    698
353.8970 22.114 22.103    1  1.251  103158914   18407331  28706  71765    641  1.60(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.141 22.130    1  1.001    3594154     634928   2668   6670    238
341.8567 22.127 22.130    0  1.001    2257052     386507   5878  14695     66  1.59(1.32-1.78)
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Report Date: 12-Dec-2019 15:54:09 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF
351.9000 23.437 23.426    1  1.326  157892502   26441421  41861 104652    632
353.8970 23.437 23.426    1  1.326   98585675   16252239  28706  71765    566  1.60(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.464 23.450    1  1.001    3563135     595769   2668   6670    223
341.8567 23.450 23.450    0  1.001    2174501     346430   5878  14695     59  1.64(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 24.146 24.137    0  1.366  107170547   17008758  16296  40740   1044
369.8919 24.146 24.137    0  1.366   67276046   10989017  10745  26862   1023  1.59(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.159 24.162    0  1.001    2665340     393517   5091  12727     77
357.8516 24.159 24.162    0  1.001    1580680     244694   1792   4480    137  1.69(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.273 30.270    0  0.946   77253554   14027029  22263  55657    630
385.8610 30.273 30.270    0  0.946  150803838   27508910  43796 109490    628  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.313 30.300    1  1.001    2986669     520795   3356   8390    155
375.8178 30.300 30.300    0  1.001    2559320     449115   2585   6462    174  1.17(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.473 30.473    0  0.952   81506617   14891702  22263  55657    669
385.8610 30.473 30.473    0  0.952  159768675   28934549  43796 109490    661  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.499 30.497    0  1.001    3180012     591716   3356   8390    176
375.8178 30.499 30.497    0  1.001    2720613     514140   2585   6462    199  1.17(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.365 31.357    0  0.980   77774082   19640762  22263  55657    882
385.8610 31.365 31.357    0  0.980  146863483   36420034  43796 109490    832  0.53(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.378 31.375    0  1.000    3034914     784754   3356   8390    234
375.8178 31.378 31.375    0  1.000    2627575     661174   2585   6462    256  1.16(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.204 32.196    0  1.006   70786307   18972528  22263  55657    852
385.8610 32.204 32.196    0  1.006  135519499   35003127  43796 109490    799  0.52(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.217 32.209    0  1.000    2853990     754034   3356   8390    225
375.8178 32.217 32.209    0  1.000    2354732     581418   2585   6462    225  1.21(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 32.004 32.004    0  118740246   30809175  21848  54620   1410
403.8529 32.004 32.004    0   95374011   24823233  19000  47500   1306  1.24(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.565 31.557    0  0.986   92162296   24211600  21848  54620   1108
403.8529 31.551 31.557    0  0.986   71645832   19161827  19000  47500   1009  1.29(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.578 31.570    0  1.000    2187039     559529   2526   6315    222
391.8127 31.578 31.570    0  1.000    1813466     500239   3818   9545    131  1.21(1.05-1.43)

Page 735 of 1153



Report Date: 12-Dec-2019 15:54:09 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.671 31.666    0  0.990  101462065   26895597  21848  54620   1231
403.8529 31.671 31.666    0  0.990   79743960   20856177  19000  47500   1098  1.27(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.684 31.682    0  1.000    2220379     596423   2526   6315    236
391.8127 31.684 31.682    0  1.000    1824040     520180   3818   9545    136  1.22(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.031 32.023    0  1.015    2583152     723772   2526   6315    287
391.8127 32.031 32.023    0  1.015    2242707     565938   3818   9545    148  1.15(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.652 33.647    0  1.051   46052027   15310112  59871 149677    256
419.8220 33.652 33.647    0  1.051  103985383   34503747 135580 338950    254  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.664 33.659    0  1.000    2571421     950159  10708  26770     89
409.7789 33.664 33.659    0  1.000    2184493     818813   3748   9370    218  1.18(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.734 34.726    0  1.085   40988902   13212969  59871 149677    221
419.8220 34.734 34.726    0  1.085   92792237   29102895 135580 338950    215  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.746 34.736    1  1.000    2022434     643925  10708  26770     60
409.7789 34.746 34.736    1  1.000    1815421     576272   3748   9370    154  1.11(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.442 34.437    0  1.076   70840109   23993001  34698  86745    691
437.8140 34.442 34.437    0  1.076   67363013   22937398  36110  90275    635  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.454 34.449    0  1.000    1617099     515334   2601   6502    198
425.7737 34.454 34.449    0  1.000    1660222     560602   2601   6502    216  0.97(0.88-1.20)

13C-OCDD
469.7779 36.770 36.767    0  1.149   82535262   22666516   9705  24262   2336
471.7750 36.770 36.767    0  1.149   93710312   26260117   8785  21962   2989  0.88(0.76-1.02)

OCDF
441.7428 36.877 36.870    0  1.003    2759791     781017   2559   6397    305
443.7399 36.877 36.870    0  1.003    2916791     820491   5045  12612    163  0.95(0.76-1.02)

OCDD
457.7377 36.782 36.779    0  1.000    2266337     646718   2724   6810    237
459.7348 36.782 36.779    0  1.000    2545111     730372   2001   5002    365  0.89(0.76-1.02)

Reagents:
HRDXNL2_00027 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 15:54:09 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
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F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          17.17

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
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X
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F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          17.17

TCDF Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
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F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          17.17

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
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X
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F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.16
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Report Date: 12-Dec-2019 15:54:09 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0
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12
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X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          17.17

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min
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6
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18
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Y
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X
10

00
0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          17.17

TCDF Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-2

2

6

10

14

18

22

26

30

34
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Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1

16.57

17.70

Page 738 of 1153



Report Date: 12-Dec-2019 15:54:09 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0
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6
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Y
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X
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00
0)

F1:m/z     319.8965:SG5Pt_x1

2,3,7,8-TCDD
          17.87

Non-2,3,7,8-sub-TCDD
          17.17

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
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0
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6
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Y
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X
10

00
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F1:m/z     321.8936:SG5Pt_x1

2,3,7,8-TCDD
          17.88

Non-2,3,7,8-sub-TCDD
          17.16

TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
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F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.67

13C-2,3,7,8-TCDD
          17.85

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min
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00
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F1:m/z     333.9339:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.67

13C-2,3,7,8-TCDD
          17.85
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
0)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          17.87

37Cl4-TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

3

6

9

12

15

18

21

24

27

30

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.67

13C-2,3,7,8-TCDD
          17.85

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

27

31

35

39

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.67

13C-2,3,7,8-TCDD
          17.85
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

14

Y
 ( 

X
10

00
)

F1:m/z     339.8597:SG5Pt_x1

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

1

3

5

7

9

11

13

15

17

19

21

23

25

27

Y
 ( 

X
10

00
)

F1:m/z     341.8567:SG5Pt_x1
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
)

F1:m/z     339.8597:SG5Pt_x1

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

1

4

7

10

13

16

19

22

25

Y
 ( 

X
10

00
)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
)

F1:m/z     409.7974:SG5Pt_x1

15.33

Page 742 of 1153



Report Date: 12-Dec-2019 15:54:09 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.14 2,3,4,7,8-PeCDF

          23.46

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          22.13 2,3,4,7,8-PeCDF

          23.45

PeCDF Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.11

22.63

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.11

22.63
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.14 2,3,4,7,8-PeCDF

          23.46

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.13 2,3,4,7,8-PeCDF

          23.45

PeCDF Interference Mass

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

-2

1

4

7

10

13

16

19

22

Y
 ( 

X
10

00
)

F2:m/z     409.7974:SG5Pt_x1

25.93
23.90

24.98
21.31
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
0)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.16

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.16

PeCDD Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.15

22.14

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.15

22.15
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

12

24

36

48

60

72

84

96

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          31.38

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          31.38

HxCDF Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.20

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.20
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

9

18

27

36

45

54

63

72

81

90

Y
 ( 

X
10

00
0)

F3:m/z     373.8208:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.38

1,2,3,6,7,8-HxCDF
          30.50

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

7

14

21

28

35

42

49

56

63

70

77

Y
 ( 

X
10

00
0)

F3:m/z     375.8178:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.38

1,2,3,6,7,8-HxCDF
          30.50

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
)

F3:m/z     445.7555:SG5Pt_x1

32.59
29.01
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
0)

F3:m/z     389.8157:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          32.03

32.2031.3630.27 33.04

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
0)

F3:m/z     391.8127:SG5Pt_x1

1,2,3,7,8,9-HxCDD
          32.03

31.36

HxCDD Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.00

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.00
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.75

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.75

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.65

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.65
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.75

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.75

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10
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)

F4:m/z     479.7165:SG5Pt_x1

Page 750 of 1153



Report Date: 12-Dec-2019 15:54:10 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

8

16

24

32

40

48

56

64

Y
 ( 

X
10

00
0)

F4:m/z     423.7766:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          34.45

33.65 34.7333.91

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
0)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.45

33.9133.65 34.72

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

4

9

14

19

24

29

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.44

33.90

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

3

7

11

15

19

23

27

31

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.44

33.90
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Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 12-Dec-2019 15:54:10 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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Report Date: 12-Dec-2019 15:54:10 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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Report Date: 12-Dec-2019 15:54:10 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 12-Dec-2019 15:54:10 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_3.d
Injection Date: 12-Dec-2019 11:28:54 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L2
Worklist#: 345037 Sample Line#: 3
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 12-Dec-2019 15:54:16 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Lims ID: IC 3                     
Client ID: L3
Sample Type: IC Calib Level: 3
Inject. Date: 12-Dec-2019 12:16:27 ALS Bottle#: 5 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC  121219A  IC  HRDXNL3_00025
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 15:54:15 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 13:36:49

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.657  233547342 0.81  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.158  317966293 0.80   1.4157        96.2        96.2   0.1604   0.1604  96.17
  2,3,7,8-TCDF 17.173    5903543 0.75   0.9502       1.954       1.954   0.0287   0.0287  97.70
S Total TCDF       1.954       1.954   0.0287   0.0287

D 13C-2,3,7,8-TCDD 17.839  223228422 0.77   0.9751        98.0        98.0   0.2185   0.2185  98.02
  2,3,7,8-TCDD 17.869    4766996 0.72   1.0477       2.038       2.038   0.0287   0.0287    102
$ 37Cl4-2,3,7,8-TCDD 17.869    5758902   1.3480       1.829       1.829   0.0169   0.0169  91.46

S Total TCDD       2.038       2.038   0.0287   0.0287

D 13C-1,2,3,7,8-PeCDF 22.086  263888884 1.59   1.1786        95.9        95.9   0.2594   0.2594  95.87
  1,2,3,7,8-PeCDF 22.114   29080170 1.67   1.0302        10.7        10.7   0.0686   0.0686    107
D 13C-2,3,4,7,8-PeCDF 23.409  254672733 1.58   1.1308        96.4        96.4   0.2703   0.2703  96.44  a
  2,3,4,7,8-PeCDF 23.436   28373728 1.51   1.0410        10.7        10.7   0.0747   0.0747    107
S Total PeCDF        21.4        21.4   0.0717   0.0717

D 13C-1,2,3,7,8-PeCDD 24.132  169864186 1.60   0.7572        96.1        96.1   0.1493   0.1493  96.05
  1,2,3,7,8-PeCDD 24.159   19667667 1.64   1.0855        10.7        10.7   0.0671   0.0671    107
S Total PeCDD        10.7        10.7   0.0671   0.0671

D 13C-1,2,3,4,7,8-HxCDF 30.260  231563640 0.52   1.1043       100.1       100.1   0.2612   0.2612    100
  1,2,3,4,7,8-HxCDF 30.286   27852640 1.19   1.1472        10.5        10.5   0.0609   0.0609    105
D 13C-1,2,3,6,7,8-HxCDF 30.459  241149788 0.53   1.1470       100.3       100.3   0.2514   0.2514    100
  1,2,3,6,7,8-HxCDF 30.486   28957236 1.21   1.1450        10.5        10.5   0.0577   0.0577    105
D 13C-2,3,4,6,7,8-HxCDF 31.351  228396958 0.51   1.0769       101.2       101.2   0.2678   0.2678    101
  2,3,4,6,7,8-HxCDF 31.365   28098536 1.18   1.1726        10.5        10.5   0.0444   0.0444    105
D 13C-1,2,3,7,8,9-HxCDF 32.190  213447196 0.52   1.0115       100.7       100.7   0.2851   0.2851    101
  1,2,3,7,8,9-HxCDF 32.203   26126431 1.27   1.1717        10.4        10.4   0.0440   0.0440    104
S Total HxCDF        41.9        41.9   0.0517   0.0517

* 13C-1,2,3,7,8,9-HxCDD 31.990  209536560 1.29  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.551  167853325 1.27   0.7962       100.6       100.6   0.2289   0.2289    101  a
  1,2,3,4,7,8-HxCDD 31.565   19629316 1.28   1.0934        10.7        10.7   0.0733   0.0733    107
D 13C-1,2,3,6,7,8-HxCDD 31.658  181254882 1.28   0.8720        99.2        99.2   0.2090   0.2090  99.20
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Report Date: 12-Dec-2019 15:54:16 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,6,7,8-HxCDD 31.671   20651010 1.24   1.0429        10.9        10.9   0.0731   0.0731    109
  1,2,3,7,8,9-HxCDD 32.017   22661690 1.27   1.2073        10.8        10.8   0.0647   0.0647    108
S Total HxCDD        32.4        32.4   0.0704   0.0704

D 13C-1,2,3,4,6,7,8-HpCDF 33.640  162401122 0.42   0.7577       102.3       102.3   0.7492   0.7492    102
  1,2,3,4,6,7,8-HpCDF 33.652   25350445 1.02   1.4804        10.5        10.5   0.0845   0.0845    105
D 13C-1,2,3,4,7,8,9-HpCDF 34.721  146041140 0.45   0.6941       100.4       100.4   0.8178   0.8178    100  a
  1,2,3,4,7,8,9-HpCDF 34.721   19189830 1.03   1.2933        10.2        10.2   0.1196   0.1196    102
S Total HpCDF        20.7        20.7   0.1020   0.1020

D 13C-1,2,3,4,6,7,8-HpCDD 34.430  149748569 1.07   0.7058       101.3       101.3   0.5362   0.5362    101
  1,2,3,4,6,7,8-HpCDD 34.442   16353697 1.05   1.0535        10.4        10.4   0.0807   0.0807    104
S Total HpCDD        10.4        10.4   0.0807   0.0807

D 13C-OCDD 36.758  178956155 0.91   0.4603       185.6       185.6   0.1540   0.1540  92.78
  OCDF 36.866   27270567 0.91   1.3945        21.9        21.9   0.0615   0.0615    109
  OCDD 36.770   22367401 0.90   1.1362        22.0        22.0   0.0537   0.0537    110

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
HRDXNL3_00025 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 15:54:16 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Lims ID: IC 3                     
Client ID: L3
Sample Type: IC Calib Level: 3
Inject. Date: 12-Dec-2019 12:16:27 ALS Bottle#: 5 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC  121219A  IC  HRDXNL3_00025
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 15:54:15 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 13:36:49

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.657 17.666   -1  104662717   26747295  22496  56240   1189
333.9339 17.657 17.666   -1  128884625   32879364  28326  70815   1161  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.158 17.164    0  0.972  141397908   33164820  26286  65715   1262
317.9389 17.158 17.164    0  0.972  176568385   41354591  27869  69672   1484  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.173 17.176    0  1.001    2535723     667276   3116   7790    214
305.8987 17.173 17.176    0  1.001    3367820     860456   5012  12530    172  0.75(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.839 17.854   -1  1.010   96904646   22067106  22496  56240    981
333.9339 17.839 17.854   -1  1.010  126323776   29552129  28326  70815   1043  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.869 17.872    0  1.002    1996583     458998   4079  10197    113
321.8936 17.869 17.872    0  1.002    2770413     702094   2125   5312    330  0.72(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.869 17.872    0  1.012    5758902    1359398   5441  13602    250

13C-1,2,3,7,8-PeCDF
351.9000 22.086 22.103   -1  1.251  162011430   29168116  44703 111757    652
353.8970 22.086 22.103   -1  1.251  101877454   17995974  28209  70522    638  1.59(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.114 22.130   -1  1.001   18199461    3342738   5528  13820    605
341.8567 22.114 22.130   -1  1.001   10880709    1959223   7807  19517    251  1.67(1.32-1.78)
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Report Date: 12-Dec-2019 15:54:16 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF a
351.9000 23.409 23.426   -1  1.326  155851342   26185405  44703 111757    586 a
353.8970 23.423 23.426    0  1.327   98821391   16678843  28209  70522    591  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.436 23.450   -1  1.001   17090087    3030493   5528  13820    548
341.8567 23.436 23.450   -1  1.001   11283641    1898405   7807  19517    243  1.51(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 24.132 24.137    0  1.367  104622747   16323037  16102  40255   1014
369.8919 24.132 24.137    0  1.367   65241439   10221375  10855  27137    942  1.60(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.159 24.162    0  1.001   12203730    1938062   5168  12920    375
357.8516 24.146 24.162   -1  1.001    7463937    1235624   2570   6425    481  1.64(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.260 30.270   -1  0.946   79653125   13936170  21408  53520    651
385.8610 30.260 30.270   -1  0.946  151910515   26566208  41154 102885    646  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.286 30.300   -1  1.001   15123024    2754138   6329  15822    435
375.8178 30.286 30.300   -1  1.001   12729616    2240803   4992  12480    449  1.19(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.459 30.473   -1  0.952   84009479   14851340  21408  53520    694
385.8610 30.459 30.473   -1  0.952  157140309   27991883  41154 102885    680  0.53(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.486 30.497   -1  1.001   15835206    2829861   6329  15822    447
375.8178 30.486 30.497   -1  1.001   13122030    2485303   4992  12480    498  1.21(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.351 31.357    0  0.980   77515211   18074944  21408  53520    844
385.8610 31.351 31.357    0  0.980  150881747   36268746  41154 102885    881  0.51(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.365 31.375   -1  1.000   15198110    3769186   6329  15822    596
375.8178 31.365 31.375   -1  1.000   12900426    3247170   4992  12480    650  1.18(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.190 32.196    0  1.006   73446813   19093412  21408  53520    892
385.8610 32.190 32.196    0  1.006  140000383   35859683  41154 102885    871  0.52(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.203 32.209    0  1.000   14635281    4045617   6329  15822    639
375.8178 32.203 32.209    0  1.000   11491150    3054590   4992  12480    612  1.27(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 31.990 32.004   -1  117929616   30467986  20414  51035   1493
403.8529 31.990 32.004   -1   91606944   23762720  19117  47792   1243  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD a
401.8559 31.551 31.557    0  0.986   93982258   24855119  20414  51035   1218 a
403.8529 31.538 31.557   -1  0.986   73871067   19150014  19117  47792   1002  1.27(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.565 31.570    0  1.000   11001177    3028965   8713  21782    348
391.8127 31.565 31.570    0  1.000    8628139    2291510   5398  13495    425  1.28(1.05-1.43)
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Report Date: 12-Dec-2019 15:54:16 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.658 31.666    0  0.990  101608718   25876318  20414  51035   1268
403.8529 31.658 31.666    0  0.990   79646164   20425256  19117  47792   1068  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.671 31.682   -1  1.000   11440593    3016792   8713  21782    346
391.8127 31.671 31.682   -1  1.000    9210417    2335920   5398  13495    433  1.24(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.017 32.023    0  1.015   12668415    3326529   8713  21782    382
391.8127 32.004 32.023   -1  1.014    9993275    2630549   5398  13495    487  1.27(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.640 33.647    0  1.052   47679327   16977900  44531 111327    381
419.8220 33.640 33.647    0  1.052  114721795   39636130  78601 196502    504  0.42(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.652 33.659    0  1.000   12772687    4580630  16196  40490    283
409.7789 33.652 33.659    0  1.000   12577758    4538391  12118  30295    375  1.02(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF a
417.8253 34.721 34.726    0  1.085   45238008   14292822  44531 111327    321 a
419.8220 34.721 34.726    0  1.085  100803132   31457091  78601 196502    400  0.45(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.721 34.736   -1  1.000    9741829    2988285  16196  40490    185
409.7789 34.721 34.736   -1  1.000    9448001    3019813  12118  30295    249  1.03(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.430 34.437    0  1.076   77355572   25448372  44231 110577    575
437.8140 34.430 34.437    0  1.076   72392997   23906285  37864  94660    631  1.07(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.442 34.449    0  1.000    8362316    2927448  10490  26225    279
425.7737 34.442 34.449    0  1.000    7991381    2681537   6303  15757    425  1.05(0.88-1.20)

13C-OCDD
469.7779 36.758 36.767   -1  1.149   85394423   24155307   8629  21572   2799
471.7750 36.758 36.767   -1  1.149   93561732   25728540   6744  16860   3815  0.91(0.76-1.02)

OCDF
441.7428 36.866 36.870    0  1.003   13003258    3649120   3679   9197    992
443.7399 36.854 36.870   -1  1.003   14267309    3989890   4872  12180    819  0.91(0.76-1.02)

OCDD
457.7377 36.770 36.779   -1  1.000   10610136    3037425   3003   7507   1011
459.7348 36.770 36.779   -1  1.000   11757265    3345664   3079   7697   1087  0.90(0.76-1.02)

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
HRDXNL3_00025 Amount Added:   2.00 Units: uL

Page 761 of 1153



Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Instrument ID: 3D5
Lims ID: IC 3                     
Client ID: L3
Operator ID:  KSS ALS Bottle#: 5 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

13C-2,3,4,7,8-PeCDF, CAS: 116843-02-8
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  23.43
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Manual Integration Results
RT:  23.41
Area: 155851342
Amount:   96.435079
Amount Units: pg/ul
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Reviewer: stephensk, 12-Dec-2019 13:35:45
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Instrument ID: 3D5
Lims ID: IC 3                     
Client ID: L3
Operator ID:  KSS ALS Bottle#: 5 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

13C-1,2,3,4,7,8-HxCDD, CAS: 109719-80-4
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  31.56
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Manual Integration Results
RT:  31.55
Area: 93982258
Amount:    100.6108
Amount Units: pg/ul
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Reviewer: stephensk, 12-Dec-2019 13:36:09
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Instrument ID: 3D5
Lims ID: IC 3                     
Client ID: L3
Operator ID:  KSS ALS Bottle#: 5 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

13C-1,2,3,4,7,8,9-HpCDF, CAS: 109719-94-0
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  34.73
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Manual Integration Results
RT:  34.72
Area: 45238008
Amount:    100.4087
Amount Units: pg/ul
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Reviewer: stephensk, 12-Dec-2019 13:36:34
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          17.17

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          17.17

TCDF Interference Mass
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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PeCDF Interference Mass
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.16

22.10
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F2:m/z     357.8516:SG5Pt_x1

1,2,3,7,8-PeCDD
          24.15

PeCDD Standards
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Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.13

22.11
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F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.13

22.11
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1
1,2,3,7,8,9-HxCDF
          32.20

1,2,3,6,7,8-HxCDF
          30.49
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)

F3:m/z     375.8178:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.36

HxCDF Standards
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F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.19
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F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.19
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Report Date: 12-Dec-2019 15:54:17 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

5

10
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20
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35

40

45
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Y
 ( 

X
10

00
00

)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.20

1,2,3,6,7,8-HxCDF
          30.49

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
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Y
 ( 

X
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00
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)

F3:m/z     375.8178:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.36

1,2,3,6,7,8-HxCDF
          30.49

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min
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5

8
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14

17
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Y
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X
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)

F3:m/z     445.7555:SG5Pt_x1

28.37

29.94

32.10
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
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00
00

)

F3:m/z     389.8157:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          32.02

31.35
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)

F3:m/z     391.8127:SG5Pt_x1

1,2,3,7,8,9-HxCDD
          32.00

HxCDD Standards
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F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.99
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F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.99
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

8

16

24
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40

48
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Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.65

1,2,3,4,7,8,9-HpCDF
          34.72

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min
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)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.65

1,2,3,4,7,8,9-HpCDF
          34.72

HpCDF Standards
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F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.64
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F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.64
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

6

12

18

24

30

36

42

48

54

Y
 ( 

X
10

00
00

)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.65

1,2,3,4,7,8,9-HpCDF
          34.72

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

5

11

17

23

29

35

41

47
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Y
 ( 

X
10

00
00

)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.65

1,2,3,4,7,8,9-HpCDF
          34.72

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0
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10
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Y
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X
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)

F4:m/z     479.7165:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0
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20
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Y
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X
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)

F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.44

34.7233.90
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)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.44

33.90 34.71

HpCDD Standards
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F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.43
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F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.43

33.88
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
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F5:m/z     441.7428:SG5Pt_x1
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40.08
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F5:m/z     471.7750:SG5Pt_x1
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  36.76

37.36
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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F5:m/z     441.7428:SG5Pt_x1
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OCDF Interference Mass
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F5:m/z     513.6775:SG5Pt_x1
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37.13
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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OCDD Standards
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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F4:m/z     430.9729:SG5Pt_x1
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_4.d
Injection Date: 12-Dec-2019 12:16:27 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L3
Worklist#: 345037 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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F5:m/z     442.9728:SG5Pt_x1
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Report Date: 12-Dec-2019 15:54:25 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Lims ID: IC 4                     
Client ID: L4
Sample Type: IC Calib Level: 4
Inject. Date: 12-Dec-2019 13:04:00 ALS Bottle#: 2 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC  121219B  IC  HRDXNL4_00086
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 15:54:24 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 14:41:14

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.672  230108476 0.78  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.173  329077583 0.82   1.4157       101.0       101.0   0.1434   0.1434    101
  2,3,7,8-TCDF 17.188   32091889 0.79   0.9502        10.3        10.3   0.0363   0.0363    103
S Total TCDF        10.3        10.3   0.0363   0.0363

D 13C-2,3,7,8-TCDD 17.869  222854376 0.80   0.9751        99.3        99.3   0.2013   0.2013  99.32
  2,3,7,8-TCDD 17.884   23580601 0.81   1.0477        10.1        10.1   0.0328   0.0328    101
$ 37Cl4-2,3,7,8-TCDD 17.884   34952681   1.3480        11.3        11.3   0.0222   0.0222    113

S Total TCDD        10.1        10.1   0.0328   0.0328

D 13C-1,2,3,7,8-PeCDF 22.114  269197886 1.59   1.1786        99.3        99.3   0.2470   0.2470  99.26
  1,2,3,7,8-PeCDF 22.141  140673612 1.59   1.0302        50.7        50.7   0.1695   0.1695    101
D 13C-2,3,4,7,8-PeCDF 23.437  265262610 1.60   1.1308       101.9       101.9   0.2575   0.2575    102
  2,3,4,7,8-PeCDF 23.450  130713898 1.53   1.0410        47.3        47.3   0.1817   0.1817  94.68
S Total PeCDF        98.1        98.1   0.1756   0.1756

D 13C-1,2,3,7,8-PeCDD 24.146  167599127 1.60   0.7572        96.2        96.2   0.1540   0.1540  96.19
  1,2,3,7,8-PeCDD 24.173   93429816 1.57   1.0855        51.4        51.4   0.1277   0.1277    103
S Total PeCDD        51.4        51.4   0.1277   0.1277

D 13C-1,2,3,4,7,8-HxCDF 30.273  242099177 0.51   1.1043        99.7        99.7   0.2432   0.2432  99.68
  1,2,3,4,7,8-HxCDF 30.299  137734608 1.20   1.1472        49.6        49.6   0.1763   0.1763  99.18
D 13C-1,2,3,6,7,8-HxCDF 30.486  243784643 0.51   1.1470        96.6        96.6   0.2342   0.2342  96.63
  1,2,3,6,7,8-HxCDF 30.499  142961587 1.23   1.1450        51.2        51.2   0.1730   0.1730    102
D 13C-2,3,4,6,7,8-HxCDF 31.365  226090409 0.54   1.0769        95.5        95.5   0.2494   0.2494  95.45
  2,3,4,6,7,8-HxCDF 31.378  136271106 1.23   1.1726        51.4        51.4   0.1322   0.1322    103
D 13C-1,2,3,7,8,9-HxCDF 32.204  213252409 0.51   1.0115        95.9        95.9   0.2656   0.2656  95.85
  1,2,3,7,8,9-HxCDF 32.217  128293546 1.22   1.1717        51.3        51.3   0.1275   0.1275    103
S Total HxCDF       203.6       203.6   0.1523   0.1523

* 13C-1,2,3,7,8,9-HxCDD 32.017  219948678 1.29  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.565  174266733 1.28   0.7962        99.5        99.5   0.2058   0.2058  99.51
  1,2,3,4,7,8-HxCDD 31.578   93254778 1.29   1.0934        48.9        48.9   0.1071   0.1071  97.88
D 13C-1,2,3,6,7,8-HxCDD 31.671  183758146 1.29   0.8720        95.8        95.8   0.1879   0.1879  95.81
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Report Date: 12-Dec-2019 15:54:25 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,6,7,8-HxCDD 31.684   98614866 1.28   1.0429        51.5        51.5   0.1127   0.1127    103
  1,2,3,7,8,9-HxCDD 32.030  110159416 1.25   1.2073        51.0        51.0   0.0972   0.0972    102
S Total HxCDD       151.4       151.4   0.1056   0.1056

D 13C-1,2,3,4,6,7,8-HpCDF 33.652  159712904 0.44   0.7577        95.8        95.8    1.031    1.031  95.84
  1,2,3,4,6,7,8-HpCDF 33.664  114883210 1.05   1.4804        48.6        48.6   0.4672   0.4672  97.18
D 13C-1,2,3,4,7,8,9-HpCDF 34.734  145840544 0.44   0.6941        95.5        95.5    1.125    1.125  95.52
  1,2,3,4,7,8,9-HpCDF 34.746   92482689 1.14   1.2933        49.0        49.0   0.6351   0.6351  98.07
S Total HpCDF        97.6        97.6   0.5512   0.5512

D 13C-1,2,3,4,6,7,8-HpCDD 34.442  146156878 1.07   0.7058        94.1        94.1   0.6652   0.6652  94.15
  1,2,3,4,6,7,8-HpCDD 34.454   77704317 1.06   1.0535        50.5        50.5   0.3333   0.3333    101
S Total HpCDD        50.5        50.5   0.3333   0.3333

D 13C-OCDD 36.770  191409180 0.93   0.4603       189.1       189.1   0.1713   0.1713  94.54
  OCDF 36.877  127683858 0.91   1.3945        95.7        95.7   0.0845   0.0845  95.67
  OCDD 36.782  106623239 0.90   1.1362        98.1        98.1   0.0768   0.0768  98.06

Reagents:
HRDXNL4_00086 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 15:54:25 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Lims ID: IC 4                     
Client ID: L4
Sample Type: IC Calib Level: 4
Inject. Date: 12-Dec-2019 13:04:00 ALS Bottle#: 2 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC  121219B  IC  HRDXNL4_00086
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 15:54:24 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 14:41:14

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.672 17.666    0  100646493   26054224  25756  64390   1012
333.9339 17.672 17.666    0  129461983   33352164  20891  52227   1596  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.173 17.164    1  0.972  148097005   37302247  26680  66700   1398
317.9389 17.173 17.164    1  0.972  180980578   44947883  21559  53897   2085  0.82(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.188 17.176    1  1.001   14195019    3703043   5026  12565    737
305.8987 17.188 17.176    1  1.001   17896870    4565831   6334  15835    721  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.869 17.854    1  1.011   99038720   23452241  25756  64390    911
333.9339 17.869 17.854    1  1.011  123815656   28590510  20891  52227   1369  0.80(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.884 17.872    1  1.001   10569215    2553534   4609  11522    554
321.8936 17.884 17.872    1  1.001   13011386    3080359   2541   6352   1212  0.81(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.884 17.872    1  1.012   34952681    8297944   7115  17787   1166

13C-1,2,3,7,8-PeCDF
351.9000 22.114 22.103    1  1.251  165287075   30019770  40905 102262    734
353.8970 22.114 22.103    1  1.251  103910811   18863812  28281  70702    667  1.59(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.141 22.130    1  1.001   86311912   15620236  18085  45212    864
341.8567 22.127 22.130    0  1.001   54361700    9970298  16064  40160    621  1.59(1.32-1.78)
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Report Date: 12-Dec-2019 15:54:25 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF
351.9000 23.437 23.426    1  1.326  163093024   27685229  40905 102262    677
353.8970 23.437 23.426    1  1.326  102169586   17441677  28281  70702    617  1.60(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.450 23.450    0  1.001   78965684   12640006  18085  45212    699
341.8567 23.464 23.450    1  1.001   51748214    8335290  16064  40160    519  1.53(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 24.146 24.137    0  1.366  103252705   16542346  16807  42017    984
369.8919 24.146 24.137    0  1.366   64346422   10277195  10896  27240    943  1.60(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.173 24.162    1  1.001   57119994    9304403   9790  24475    950
357.8516 24.173 24.162    1  1.001   36309822    5917276   5080  12700   1165  1.57(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.273 30.270    0  0.946   82296238   14406879  22532  56330    639
385.8610 30.273 30.270    0  0.946  159802939   28643839  41418 103545    692  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.299 30.300    0  1.001   75239346   13462429  18834  47085    715
375.8178 30.299 30.300    0  1.001   62495262   11173585  16002  40005    698  1.20(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.486 30.473    1  0.952   82485356   14921046  22532  56330    662
385.8610 30.486 30.473    1  0.952  161299287   29038923  41418 103545    701  0.51(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.499 30.497    0  1.000   78848595   14484100  18834  47085    769
375.8178 30.499 30.497    0  1.000   64112992   11951221  16002  40005    747  1.23(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.365 31.357    0  0.980   78892516   19703531  22532  56330    874
385.8610 31.365 31.357    0  0.980  147197893   36465715  41418 103545    880  0.54(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.378 31.375    0  1.000   75096482   19315307  18834  47085   1026
375.8178 31.378 31.375    0  1.000   61174624   15153830  16002  40005    947  1.23(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.204 32.196    0  1.006   71691344   19663388  22532  56330    873
385.8610 32.204 32.196    0  1.006  141561065   38629634  41418 103545    933  0.51(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.217 32.209    0  1.000   70626531   19376007  18834  47085   1029
375.8178 32.217 32.209    0  1.000   57667015   15830229  16002  40005    989  1.22(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 32.017 32.004    1  123883759   33584704  21780  54450   1542
403.8529 32.017 32.004    1   96064919   25935284  17229  43072   1505  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.565 31.557    0  0.986   97992334   26849414  21780  54450   1233
403.8529 31.565 31.557    0  0.986   76274399   20962976  17229  43072   1217  1.28(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.578 31.570    0  1.000   52536003   14668722  12137  30342   1209
391.8127 31.578 31.570    0  1.000   40718775   11337787  10249  25622   1106  1.29(1.05-1.43)
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Report Date: 12-Dec-2019 15:54:25 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.671 31.666    0  0.989  103381913   26694519  21780  54450   1226
403.8529 31.671 31.666    0  0.989   80376233   20910507  17229  43072   1214  1.29(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.684 31.682    0  1.000   55419441   14148502  12137  30342   1166
391.8127 31.684 31.682    0  1.000   43195425   11159771  10249  25622   1089  1.28(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.030 32.023    0  1.015   61189359   16622466  12137  30342   1370
391.8127 32.030 32.023    0  1.015   48970057   13234369  10249  25622   1291  1.25(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.652 33.647    0  1.051   48689452   17719541  49975 124937    355
419.8220 33.652 33.647    0  1.051  111023452   38611583 135949 339872    284  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.664 33.659    0  1.000   58935767   21942144  74726 186815    294
409.7789 33.664 33.659    0  1.000   55947443   21112986  81100 202750    260  1.05(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.734 34.726    0  1.085   44614173   14611319  49975 124937    292
419.8220 34.734 34.726    0  1.085  101226371   32813726 135949 339872    241  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.746 34.736    1  1.000   49189461   15452037  74726 186815    207
409.7789 34.746 34.736    1  1.000   43293228   14014895  81100 202750    173  1.14(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.442 34.437    0  1.076   75641640   25399742  35620  89050    713
437.8140 34.442 34.437    0  1.076   70515238   23743066  76163 190407    312  1.07(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.454 34.449    0  1.000   40042499   13531877  45519 113797    297
425.7737 34.454 34.449    0  1.000   37661818   12776415  23509  58772    543  1.06(0.88-1.20)

13C-OCDD
469.7779 36.770 36.767    0  1.148   92170386   25778405  10027  25067   2571
471.7750 36.770 36.767    0  1.148   99238794   27541934   8740  21850   3151  0.93(0.76-1.02)

OCDF
441.7428 36.877 36.870    0  1.003   60846957   17590255   5390  13475   3263
443.7399 36.866 36.870    0  1.003   66836901   18992346   7175  17937   2647  0.91(0.76-1.02)

OCDD
457.7377 36.782 36.779    0  1.000   50544978   14413363   4729  11822   3048
459.7348 36.782 36.779    0  1.000   56078261   16151394   4573  11432   3532  0.90(0.76-1.02)

Reagents:
HRDXNL4_00086 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 15:54:25 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          17.19

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          17.19

TCDF Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.17

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

7

14

21

28

35

42

49

56

Y
 ( 

X
10

00
00

0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.17
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Report Date: 12-Dec-2019 15:54:25 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

4

9

14

19

24

29

34

39

44

49

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          17.19

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

5

11

17

23

29

35

41

47

53

59

Y
 ( 

X
10

00
00

)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          17.19

TCDF Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1

17.25
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Report Date: 12-Dec-2019 15:54:25 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

)

F1:m/z     319.8965:SG5Pt_x1
2,3,7,8-TCDD
          17.88

Non-2,3,7,8-sub-TCDD
          17.17

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

)

F1:m/z     321.8936:SG5Pt_x1

2,3,7,8-TCDD
          17.88

Non-2,3,7,8-sub-TCDD
          17.16

TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

4

9

14

19

24

29

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.67 13C-2,3,7,8-TCDD

          17.87

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.67

13C-2,3,7,8-TCDD
          17.87
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

8

17

26

35

44

53

62

71

80

89

98

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          17.88

37Cl4-TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

17

20

23

26

29

32

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.67

13C-2,3,7,8-TCDD
          17.87

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

27

31

35

39

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.67

13C-2,3,7,8-TCDD
          17.87
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
)

F1:m/z     339.8597:SG5Pt_x1

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

2

5

8

11

14

17

20

23

26

29

32

35

38

41

Y
 ( 

X
10

00
)

F1:m/z     341.8567:SG5Pt_x1

15.34
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
)

F1:m/z     339.8597:SG5Pt_x1

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

2

6

10

14

18

22

26

30

34

38

Y
 ( 

X
10

00
)

F1:m/z     341.8567:SG5Pt_x1

15.34

F1 PeCDFs Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-2

2

6

10

14

18

22

26

30

34

Y
 ( 

X
10

00
)

F1:m/z     409.7974:SG5Pt_x1

18.88

17.01 17.87
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F2:m/z     339.8597:SG5Pt_x1
1,2,3,7,8-PeCDF
          22.14

2,3,4,7,8-PeCDF
          23.45

22.67

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F2:m/z     341.8567:SG5Pt_x1
1,2,3,7,8-PeCDF
          22.13

2,3,4,7,8-PeCDF
          23.46

PeCDF Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.11

22.62

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.11

22.63
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
00

0)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.14

2,3,4,7,8-PeCDF
          23.45

22.67

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.13

2,3,4,7,8-PeCDF
          23.46

PeCDF Interference Mass

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

-1

2

5

8

11

14

17

20

23

26

Y
 ( 

X
10

00
)

F2:m/z     409.7974:SG5Pt_x1

23.57

23.4221.19 24.30
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.17

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.17

PeCDD Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.15

22.15

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.15

22.15

Page 798 of 1153
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.22

1,2,3,6,7,8-HxCDF
          30.50

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.22

1,2,3,6,7,8-HxCDF
          30.50

HxCDF Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.20

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.20
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

2

5

8

11

14

17

20

23

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.22

1,2,3,6,7,8-HxCDF
          30.50

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.22

1,2,3,6,7,8-HxCDF
          30.50

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
)

F3:m/z     445.7555:SG5Pt_x1
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F3:m/z     389.8157:SG5Pt_x1

1,2,3,7,8,9-HxCDD
          32.03

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

0)

F3:m/z     391.8127:SG5Pt_x1

1,2,3,7,8,9-HxCDD
          32.03

HxCDD Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.02

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.02
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.75

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.75

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

20

23

Y
 ( 

X
10

00
00

0)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.65

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.65
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

20

23

26

29

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.75

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.75

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1
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Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.45

33.91

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.45

33.91

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

4

9

14

19

24

29

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.44

33.91

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.44

33.91
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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Report Date: 12-Dec-2019 15:54:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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Report Date: 12-Dec-2019 15:54:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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Report Date: 12-Dec-2019 15:54:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 12-Dec-2019 15:54:26 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_5.d
Injection Date: 12-Dec-2019 13:04:00 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L4
Worklist#: 345037 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 12-Dec-2019 15:54:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Lims ID: IC 5                     
Client ID: L5
Sample Type: IC Calib Level: 5
Inject. Date: 12-Dec-2019 13:51:32 ALS Bottle#: 6 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC  121219C  IC  HRDXNL5_00028
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 15:54:32 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 14:41:50

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.672  224595364 0.78  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.158  314996891 0.81   1.4157        99.1        99.1   0.1628   0.1628  99.07
  2,3,7,8-TCDF 17.173  132413553 0.79   0.9502        44.2        44.2   0.1052   0.1052    111
S Total TCDF        44.2        44.2   0.1052   0.1052

D 13C-2,3,7,8-TCDD 17.854  223322673 0.80   0.9751       102.0       102.0   0.2435   0.2435    102
  2,3,7,8-TCDD 17.869   99082308 0.80   1.0477        42.3        42.3   0.0517   0.0517    106
$ 37Cl4-2,3,7,8-TCDD 17.869  123340927   1.3480        40.7        40.7   0.0568   0.0568    102

S Total TCDD        42.3        42.3   0.0517   0.0517

D 13C-1,2,3,7,8-PeCDF 22.100  266542876 1.60   1.1786       100.7       100.7   0.2421   0.2421    101
  1,2,3,7,8-PeCDF 22.127  581363087 1.58   1.0302       211.7       211.7   0.6180   0.6180    106
D 13C-2,3,4,7,8-PeCDF 23.423  253995484 1.60   1.1308       100.0       100.0   0.2524   0.2524    100  a
  2,3,4,7,8-PeCDF 23.450  576277220 1.55   1.0410       218.0       218.0   0.6853   0.6853    109
S Total PeCDF       429.7       429.7   0.6517   0.6517

D 13C-1,2,3,7,8-PeCDD 24.132  175058491 1.60   0.7572       102.9       102.9   0.1407   0.1407    103
  1,2,3,7,8-PeCDD 24.159  390728173 1.59   1.0855       205.6       205.6   0.2728   0.2728    103
S Total PeCDD       205.6       205.6   0.2728   0.2728

D 13C-1,2,3,4,7,8-HxCDF 30.273  234227258 0.51   1.1043       100.3       100.3   0.3003   0.3003    100
  1,2,3,4,7,8-HxCDF 30.300  570996325 1.21   1.1472       212.5       212.5   0.6662   0.6662    106
D 13C-1,2,3,6,7,8-HxCDF 30.473  243919748 0.54   1.1470       100.5       100.5   0.2891   0.2891    101
  1,2,3,6,7,8-HxCDF 30.499  592549839 1.27   1.1450       212.2       212.2   0.6189   0.6189    106
D 13C-2,3,4,6,7,8-HxCDF 31.351  232992892 0.53   1.0769       102.3       102.3   0.3079   0.3079    102
  2,3,4,6,7,8-HxCDF 31.378  574663111 1.24   1.1726       210.3       210.3   0.4726   0.4726    105
D 13C-1,2,3,7,8,9-HxCDF 32.190  218257445 0.52   1.0115       102.0       102.0   0.3278   0.3278    102
  1,2,3,7,8,9-HxCDF 32.204  535635876 1.21   1.1717       209.5       209.5   0.4483   0.4483    105
S Total HxCDF       844.5       844.5   0.5515   0.5515

* 13C-1,2,3,7,8,9-HxCDD 32.004  211535818 1.29  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.551  167631105 1.27   0.7962        99.5        99.5   0.1878   0.1878  99.53  a
  1,2,3,4,7,8-HxCDD 31.565  391874961 1.25   1.0934       213.8       213.8   0.3654   0.3654    107
D 13C-1,2,3,6,7,8-HxCDD 31.671  191249218 1.28   0.8720       103.7       103.7   0.1715   0.1715    104
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Report Date: 12-Dec-2019 15:54:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,6,7,8-HxCDD 31.684  402773504 1.26   1.0429       201.9       201.9   0.3687   0.3687    101
  1,2,3,7,8,9-HxCDD 32.017  440337374 1.26   1.2073       203.3       203.3   0.3246   0.3246    102
S Total HxCDD       619.0       619.0   0.3529   0.3529

D 13C-1,2,3,4,6,7,8-HpCDF 33.652  161981056 0.45   0.7577       101.1       101.1   0.6163   0.6163    101
  1,2,3,4,6,7,8-HpCDF 33.664  525836756 1.01   1.4804       219.3       219.3    1.577    1.577    110
D 13C-1,2,3,4,7,8,9-HpCDF 34.722  154442339 0.45   0.6941       105.2       105.2   0.6727   0.6727    105  a
  1,2,3,4,7,8,9-HpCDF 34.734  425539186 1.06   1.2933       213.0       213.0    2.068    2.068    107
S Total HpCDF       432.3       432.3    1.823    1.823

D 13C-1,2,3,4,6,7,8-HpCDD 34.442  159237326 1.08   0.7058       106.7       106.7   0.5432   0.5432    107
  1,2,3,4,6,7,8-HpCDD 34.454  348725265 1.05   1.0535       207.9       207.9    1.074    1.074    104
S Total HpCDD       207.9       207.9    1.074    1.074

D 13C-OCDD 36.770  208300311 0.92   0.4603       213.9       213.9   0.1729   0.1729    107
  OCDF 36.866  611942959 0.92   1.3945       421.3       421.3   0.1647   0.1647    105
  OCDD 36.782  476901861 0.90   1.1362       403.0       403.0   0.1660   0.1660    101

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
HRDXNL5_00028 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 15:54:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Lims ID: IC 5                     
Client ID: L5
Sample Type: IC Calib Level: 5
Inject. Date: 12-Dec-2019 13:51:32 ALS Bottle#: 6 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC  121219C  IC  HRDXNL5_00028
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 15:54:32 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 14:41:50

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.672 17.666    0   98666902   24515919  22061  55152   1111
333.9339 17.657 17.666   -1  125928462   31246645  30891  77227   1012  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.158 17.164    0  0.971  141027224   35995868  31921  79802   1128
317.9389 17.158 17.164    0  0.971  173969667   43295209  19473  48682   2223  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.173 17.176    0  1.001   58421847   14939787  13152  32880   1136
305.8987 17.173 17.176    0  1.001   73991706   19209026  18537  46342   1036  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.854 17.854    0  1.010   99307865   24850045  22061  55152   1126
333.9339 17.854 17.854    0  1.010  124014808   31162735  30891  77227   1009  0.80(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.869 17.872    0  1.001   43913881   10690254   7340  18350   1456
321.8936 17.869 17.872    0  1.001   55168427   13628007   4800  12000   2839  0.80(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.869 17.872    0  1.011  123340927   30294267  17089  42722   1773

13C-1,2,3,7,8-PeCDF
351.9000 22.100 22.103    0  1.251  163865860   29956021  36906  92265    812
353.8970 22.100 22.103    0  1.251  102677016   18751883  26749  66872    701  1.60(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.127 22.130    0  1.001  356370962   66490206  72745 181862    914
341.8567 22.127 22.130    0  1.001  224992125   40936011  51308 128270    798  1.58(1.32-1.78)
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Report Date: 12-Dec-2019 15:54:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF a
351.9000 23.423 23.426    0  1.325  156282583   26674373  36906  92265    723 a
353.8970 23.423 23.426    0  1.325   97712901   16797541  26749  66872    628  1.60(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.450 23.450    0  1.001  350354478   57462536  72745 181862    790
341.8567 23.450 23.450    0  1.001  225922742   37730273  51308 128270    735  1.55(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 24.132 24.137    0  1.366  107751383   17516576  13542  33855   1294
369.8919 24.132 24.137    0  1.366   67307108   10994191  10221  25552   1076  1.60(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.159 24.162    0  1.001  239758273   39037102  21414  53535   1823
357.8516 24.159 24.162    0  1.001  150969900   24882755  12353  30882   2014  1.59(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.273 30.270    0  0.946   78644228   14104833  24363  60907    579
385.8610 30.273 30.270    0  0.946  155583030   28295769  55002 137505    514  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.300 30.300    0  1.001  313081855   56478414  75373 188432    749
375.8178 30.286 30.300   -1  1.000  257914470   46425640  54242 135605    856  1.21(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.473 30.473    0  0.952   85087686   15906610  24363  60907    653
385.8610 30.473 30.473    0  0.952  158832062   29820804  55002 137505    542  0.54(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.499 30.497    0  1.001  331562685   60661773  75373 188432    805
375.8178 30.499 30.497    0  1.001  260987154   47748698  54242 135605    880  1.27(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.351 31.357    0  0.980   81056434   20265978  24363  60907    832
385.8610 31.351 31.357    0  0.980  151936458   38212025  55002 137505    695  0.53(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.378 31.375    0  1.001  317706357   79190734  75373 188432   1051
375.8178 31.378 31.375    0  1.001  256956754   63014833  54242 135605   1162  1.24(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.190 32.196    0  1.006   74527909   21136572  24363  60907    868
385.8610 32.190 32.196    0  1.006  143729536   40554765  55002 137505    737  0.52(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.204 32.209    0  1.000  292943277   81353735  75373 188432   1079
375.8178 32.204 32.209    0  1.000  242692599   67884862  54242 135605   1252  1.21(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 32.004 32.004    0  119156228   33909457  18818  47045   1802
403.8529 32.004 32.004    0   92379590   25930247  16982  42455   1527  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD a
401.8559 31.551 31.557    0  0.986   93899540   26128579  18818  47045   1388 a
403.8529 31.551 31.557    0  0.986   73731565   20820763  16982  42455   1226  1.27(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.565 31.570    0  1.000  218078173   57189299  41171 102927   1389
391.8127 31.565 31.570    0  1.000  173796788   45825138  33854  84635   1354  1.25(1.05-1.43)
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Report Date: 12-Dec-2019 15:54:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.671 31.666    0  0.990  107339574   27522450  18818  47045   1463
403.8529 31.671 31.666    0  0.990   83909644   21260845  16982  42455   1252  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.684 31.682    0  1.000  224582682   60738483  41171 102927   1475
391.8127 31.684 31.682    0  1.000  178190822   47473358  33854  84635   1402  1.26(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.017 32.023    0  1.015  245673103   69976937  41171 102927   1700
391.8127 32.017 32.023    0  1.015  194664271   55809192  33854  84635   1649  1.26(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.652 33.647    0  1.051   50617005   18038718  30961  77402    583
419.8220 33.652 33.647    0  1.051  111364051   39847587  80813 202032    493  0.45(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.664 33.659    0  1.000  264742118   97611249 262056 655140    372
409.7789 33.664 33.659    0  1.000  261094638   90622375 278481 696202    325  1.01(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF a
417.8253 34.722 34.726    0  1.085   47887734   15735543  30961  77402    508 a
419.8220 34.722 34.726    0  1.085  106554605   34781659  80813 202032    430  0.45(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.734 34.736    0  1.000  218627803   71787981 262056 655140    274
409.7789 34.734 34.736    0  1.000  206911383   68370612 278481 696202    246  1.06(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.442 34.437    0  1.076   82684782   27916319  55153 137882    506
437.8140 34.442 34.437    0  1.076   76552544   25864716  36611  91527    706  1.08(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.454 34.449    0  1.000  178857029   60226461 105925 264812    569
425.7737 34.454 34.449    0  1.000  169868236   55711988 137410 343525    405  1.05(0.88-1.20)

13C-OCDD
469.7779 36.770 36.767    0  1.149   99727463   28654535   8561  21402   3347
471.7750 36.770 36.767    0  1.149  108572848   30945683  10486  26215   2951  0.92(0.76-1.02)

OCDF
441.7428 36.866 36.870    0  1.003  293821227   87767807  11843  29607   7411
443.7399 36.866 36.870    0  1.003  318121732   95847756  15528  38820   6173  0.92(0.76-1.02)

OCDD
457.7377 36.782 36.779    0  1.000  225772958   64929459  10884  27210   5966
459.7348 36.782 36.779    0  1.000  251128903   70952785  11602  29005   6116  0.90(0.76-1.02)

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
HRDXNL5_00028 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 15:54:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Instrument ID: 3D5
Lims ID: IC 5                     
Client ID: L5
Operator ID:  KSS ALS Bottle#: 6 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

13C-2,3,4,7,8-PeCDF, CAS: 116843-02-8
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  23.43
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Manual Integration Results
RT:  23.42
Area: 156282583
Amount:    100.0121
Amount Units: pg/ul
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Reviewer: stephensk, 12-Dec-2019 14:41:39
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 12-Dec-2019 15:54:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Instrument ID: 3D5
Lims ID: IC 5                     
Client ID: L5
Operator ID:  KSS ALS Bottle#: 6 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

13C-1,2,3,4,7,8-HxCDD, CAS: 109719-80-4
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  31.56
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Manual Integration Results
RT:  31.55
Area: 93899540
Amount:   99.528000
Amount Units: pg/ul
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Reviewer: stephensk, 12-Dec-2019 14:41:25
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 12-Dec-2019 15:54:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Instrument ID: 3D5
Lims ID: IC 5                     
Client ID: L5
Operator ID:  KSS ALS Bottle#: 6 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

13C-1,2,3,4,7,8,9-HpCDF, CAS: 109719-94-0
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  34.73
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Manual Integration Results
RT:  34.72
Area: 47887734
Amount:    105.1812
Amount Units: pg/ul
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Reviewer: stephensk, 12-Dec-2019 14:41:31
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 12-Dec-2019 15:54:33 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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TCDD Standards
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Standards
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

0)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.16

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.16

PeCDD Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.13

22.15

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.13

22.14
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

00
) F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.20

1,2,3,6,7,8-HxCDF
          30.50

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

10

21

32

43

54

65

76

87

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.20

1,2,3,6,7,8-HxCDF
          30.50

HxCDF Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F3:m/z     383.8639:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.19

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.19
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

00
)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.20

1,2,3,6,7,8-HxCDF
          30.50

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

7

15

23

31

39

47

55

63

71

79

87

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.20

1,2,3,6,7,8-HxCDF
          30.50

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-4

1

6

11

16

21

26

31

36

41

46

51

Y
 ( 

X
10

00
)

F3:m/z     445.7555:SG5Pt_x1

32.02
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

10

21

32

43

54

65

76

87

Y
 ( 

X
10

00
00

0)

F3:m/z     389.8157:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          32.02

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

8

17

26

35

44

53

62

Y
 ( 

X
10

00
00

0)

F3:m/z     391.8127:SG5Pt_x1

1,2,3,7,8,9-HxCDD
          32.02

HxCDD Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          32.00

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

4

9

14

19

24

29

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.00
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

00
) F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.73

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

00
) F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.73

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

20

23

Y
 ( 

X
10

00
00

0)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.65

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.65
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

00
)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.73

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

00
)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.73

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1

33.74
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

9

19

29

39

49

59

69

Y
 ( 

X
10

00
00

0)

F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.45

33.91

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

8

17

26

35

44

53

62

71

Y
 ( 

X
10

00
00

0)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.45

33.91

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.44

33.90

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.44

33.90
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

00
) F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.87

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

00
) F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.87

OCDF Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.77

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.77

37.20
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.87

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.87

OCDF Interference Mass

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-2

3

8

13

18

23

28

33

38

43

48

53

Y
 ( 

X
10

00
)

F5:m/z     513.6775:SG5Pt_x1

44.99

35.70

38.28
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

10

20

30

40

50

60

70

80

Y
 ( 

X
10

00
00

0)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.78

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

10

21

32

43

54

65

76

87

Y
 ( 

X
10

00
00

0)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.78

OCDD Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.77

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.77

37.20
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 12-Dec-2019 15:54:34 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_6.d
Injection Date: 12-Dec-2019 13:51:32 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L5
Worklist#: 345037 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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Report Date: 12-Dec-2019 15:54:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Lims ID: IC 6                     
Client ID: L6
Sample Type: IC Calib Level: 6
Inject. Date: 12-Dec-2019 14:39:03 ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC  121219D  IC  HRDXNL6_00024
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 15:54:41 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 15:49:44

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.657  188838327 0.79  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.158  277528864 0.78   1.4157       103.8       103.8   0.1674   0.1674    104
  2,3,7,8-TCDF 17.173  567933884 0.79   0.9502       215.4       215.4   0.4520   0.4520    108
S Total TCDF       215.4       215.4   0.4520   0.4520

D 13C-2,3,7,8-TCDD 17.854  187504800 0.79   0.9751       101.8       101.8   0.1949   0.1949    102
  2,3,7,8-TCDD 17.869  418876400 0.79   1.0477       213.2       213.2   0.1533   0.1533    107
$ 37Cl4-2,3,7,8-TCDD 17.869  523686187   1.3480       205.7       205.7   0.4046   0.4046    103

S Total TCDD       213.2       213.2   0.1533   0.1533

D 13C-1,2,3,7,8-PeCDF 22.100  237179506 1.59   1.1786       106.6       106.6   0.2447   0.2447    107
  1,2,3,7,8-PeCDF 22.127 2466178873 1.58   1.0302      1009.3      1009.3    2.494    2.494    101
D 13C-2,3,4,7,8-PeCDF 23.423  222542126 1.58   1.1308       104.2       104.2   0.2551   0.2551    104  a
  2,3,4,7,8-PeCDF 23.450 2394358497 1.55   1.0410      1033.6      1033.6    2.898    2.898    103
S Total PeCDF      2042.9      2042.9    2.696    2.696

D 13C-1,2,3,7,8-PeCDD 24.132  151420854 1.60   0.7572       105.9       105.9   0.1615   0.1615    106
  1,2,3,7,8-PeCDD 24.159 1612908693 1.58   1.0855       981.3       981.3    1.052    1.052  98.13
S Total PeCDD       981.3       981.3    1.052    1.052

D 13C-1,2,3,4,7,8-HxCDF 30.273  212926355 0.53   1.1043       103.5       103.5   0.1858   0.1858    104
  1,2,3,4,7,8-HxCDF 30.299 2563115775 1.26   1.1472      1049.3      1049.3    2.784    2.784    105
D 13C-1,2,3,6,7,8-HxCDF 30.473  222786807 0.53   1.1470       104.3       104.3   0.1788   0.1788    104
  1,2,3,6,7,8-HxCDF 30.499 2581265503 1.25   1.1450      1011.9      1011.9    2.490    2.490    101
D 13C-2,3,4,6,7,8-HxCDF 31.351  207860074 0.52   1.0769       103.6       103.6   0.1905   0.1905    104
  2,3,4,6,7,8-HxCDF 31.378 2464596807 1.24   1.1726      1011.2      1011.2    2.007    2.007    101
D 13C-1,2,3,7,8,9-HxCDF 32.190  200052961 0.52   1.0115       106.2       106.2   0.2028   0.2028    106
  1,2,3,7,8,9-HxCDF 32.204 2388744572 1.24   1.1717      1019.1      1019.1    1.747    1.747    102
S Total HxCDF      4091.5      4091.5    2.257    2.257

* 13C-1,2,3,7,8,9-HxCDD 32.004  186277075 1.31  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.551  154639045 1.27   0.7962       104.3       104.3   0.1737   0.1737    104  a
  1,2,3,4,7,8-HxCDD 31.565 1672379041 1.27   1.0934       989.1       989.1    1.243    1.243  98.91
D 13C-1,2,3,6,7,8-HxCDD 31.658  169339469 1.28   0.8720       104.3       104.3   0.1586   0.1586    104
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Report Date: 12-Dec-2019 15:54:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,3,6,7,8-HxCDD 31.684 1788364825 1.26   1.0429      1012.6      1012.6    1.235    1.235    101
  1,2,3,7,8,9-HxCDD 32.017 1881769266 1.26   1.2073       962.2       962.2    1.095    1.095  96.22
S Total HxCDD      2963.9      2963.9    1.191    1.191

D 13C-1,2,3,4,6,7,8-HpCDF 33.640  152865078 0.44   0.7577       108.3       108.3    0.996    0.996    108
  1,2,3,4,6,7,8-HpCDF 33.652 2309957389 1.05   1.4804      1020.8      1020.8    7.834    7.834    102
D 13C-1,2,3,4,7,8,9-HpCDF 34.721  140774596 0.45   0.6941       108.9       108.9    1.087    1.087    109  a
  1,2,3,4,7,8,9-HpCDF 34.734 1913174732 1.07   1.2933      1050.8      1050.8     10.6     10.6    105
S Total HpCDF      2071.6      2071.6    9.199    9.199

D 13C-1,2,3,4,6,7,8-HpCDD 34.430  140028109 1.06   0.7058       106.5       106.5   0.4261   0.4261    107
  1,2,3,4,6,7,8-HpCDD 34.442 1496594886 1.06   1.0535      1014.5      1014.5    3.513    3.513    101
S Total HpCDD      1014.5      1014.5    3.513    3.513

D 13C-OCDD 36.770  199399104 0.90   0.4603       232.6       232.6   0.1424   0.1424    116
  OCDF 36.866 2706173170 0.91   1.3945      1946.5      1946.5   0.4617   0.4617  97.32
  OCDD 36.782 2153864314 0.90   1.1362      1901.4      1901.4   0.5913   0.5913  95.07

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
HRDXNL6_00024 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 15:54:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Lims ID: IC 6                     
Client ID: L6
Sample Type: IC Calib Level: 6
Inject. Date: 12-Dec-2019 14:39:03 ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: IC  121219D  IC  HRDXNL6_00024
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 15:54:41 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 15:49:44

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.657 17.666   -1   83564714   21577386  22000  55000    981
333.9339 17.657 17.666   -1  105273613   27513016  15318  38295   1796  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.158 17.164    0  0.972  121895716   31329327  22298  55745   1405
317.9389 17.158 17.164    0  0.972  155633148   39478925  24242  60605   1629  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.173 17.176    0  1.001  250240699   63148791  46539 116347   1357
305.8987 17.173 17.176    0  1.001  317693185   79789284  75095 187737   1063  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.854 17.854    0  1.011   82790590   20124816  22000  55000    915
333.9339 17.854 17.854    0  1.011  104714210   25060871  15318  38295   1636  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.869 17.872    0  1.001  184989351   46007272  14533  36332   3166
321.8936 17.869 17.872    0  1.001  233887049   57402962  14506  36265   3957  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.869 17.872    0  1.012  523686187  127631105 107091 267727   1192

13C-1,2,3,7,8-PeCDF
351.9000 22.100 22.103    0  1.252  145535198   27804087  29026  72565    958
353.8970 22.100 22.103    0  1.252   91644308   17332335  27615  69037    628  1.59(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.127 22.130    0  1.001 1511912726  280981043 283011 707527    993
341.8567 22.127 22.130    0  1.001  954266147  176189062 180870 452175    974  1.58(1.32-1.78)
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Report Date: 12-Dec-2019 15:54:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,4,7,8-PeCDF a
351.9000 23.423 23.426    0  1.327  136268845   23481541  29026  72565    809 a
353.8970 23.423 23.426    0  1.327   86273281   14959019  27615  69037    542  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.450 23.450    0  1.001 1456222017  254944581 283011 707527    901
341.8567 23.450 23.450    0  1.001  938136480  163300906 180870 452175    903  1.55(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 24.132 24.137    0  1.367   93280756   15111276  14214  35535   1063
369.8919 24.132 24.137    0  1.367   58140098    9460564   9797  24492    966  1.60(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.159 24.162    0  1.001  988724157  160523690  68846 172115   2332
357.8516 24.159 24.162    0  1.001  624184536  102295717  43362 108405   2359  1.58(1.32-1.78)

13C-1,2,3,4,7,8-HxCDF
383.8639 30.273 30.270    0  0.946   73575187   13415942  15619  39047    859
385.8610 30.273 30.270    0  0.946  139351168   24979720  29533  73832    846  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.299 30.300    0  1.001 1428159559  262993927 271530 678825    969
375.8178 30.286 30.300   -1  1.000 1134956216  208140679 219056 547640    950  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.473 30.473    0  0.952   77296638   14994756  15619  39047    960
385.8610 30.473 30.473    0  0.952  145490169   28014930  29533  73832    949  0.53(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.499 30.497    0  1.001 1432647832  268450864 271530 678825    989
375.8178 30.486 30.497   -1  1.000 1148617671  215350626 219056 547640    983  1.25(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.351 31.357    0  0.980   71478208   18056132  15619  39047   1156
385.8610 31.351 31.357    0  0.980  136381866   34065069  29533  73832   1153  0.52(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.378 31.375    0  1.001 1366153637  346597380 271530 678825   1276
375.8178 31.365 31.375   -1  1.000 1098443170  277212218 219056 547640   1265  1.24(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.190 32.196    0  1.006   68790551   20692649  15619  39047   1325
385.8610 32.190 32.196    0  1.006  131262410   39242010  29533  73832   1329  0.52(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.204 32.209    0  1.000 1324529876  395878194 271530 678825   1458
375.8178 32.204 32.209    0  1.000 1064214696  313784696 219056 547640   1432  1.24(1.05-1.43)

13C-1,2,3,7,8,9-HxCDD
401.8559 32.004 32.004    0  105532438   31259756  15504  38760   2016
403.8529 32.004 32.004    0   80744637   23764608  14928  37320   1592  1.31(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD a
401.8559 31.551 31.557    0  0.986   86613004   24369652  15504  38760   1572 a
403.8529 31.551 31.557    0  0.986   68026041   18996198  14928  37320   1273  1.27(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.565 31.570    0  1.000  935066782  268480797 131209 328022   2046
391.8127 31.565 31.570    0  1.000  737312259  211543510 104462 261155   2025  1.27(1.05-1.43)
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Report Date: 12-Dec-2019 15:54:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Signal
RT

(min.)
Exp RT
(min.)

Q
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,6,7,8-HxCDD
401.8559 31.658 31.666    0  0.989   95146559   25619096  15504  38760   1652
403.8529 31.658 31.666    0  0.989   74192910   20108305  14928  37320   1347  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.684 31.682    0  1.001  996220992  261077237 131209 328022   1990
391.8127 31.671 31.682   -1  1.000  792143833  209894463 104462 261155   2009  1.26(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.017 32.023    0  1.015 1049116210  310668645 131209 328022   2368
391.8127 32.017 32.023    0  1.015  832653056  244077375 104462 261155   2337  1.26(1.05-1.43)

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.640 33.647    0  1.051   46733620   17595027  54412 136030    323
419.8220 33.640 33.647    0  1.051  106131458   39067926 111724 279310    350  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.652 33.659    0  1.000 1183135025  439502144 13054913263727   337
409.7789 33.652 33.659    0  1.000 1126822364  423476232 13231193307797   320  1.05(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF a
417.8253 34.721 34.726    0  1.085   43429979   14929393  54412 136030    274 a
419.8220 34.721 34.726    0  1.085   97344617   33174544 111724 279310    297  0.45(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.734 34.736    0  1.000  989548862  337327270 13054913263727   258
409.7789 34.734 34.736    0  1.000  923625870  310086210 13231193307797   234  1.07(0.88-1.20)

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.430 34.437    0  1.076   72140842   25597315  34784  86960    736
437.8140 34.430 34.437    0  1.076   67887267   24359367  31415  78537    775  1.06(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.442 34.449    0  1.000  769189585  280356398 363826 909565    771
425.7737 34.442 34.449    0  1.000  727405301  265970164 375758 939395    708  1.06(0.88-1.20)

13C-OCDD
469.7779 36.770 36.767    0  1.149   94611986   29685306   7599  18997   3906
471.7750 36.770 36.767    0  1.149  104787118   32469541   6829  17072   4755  0.90(0.76-1.02)

OCDF
441.7428 36.866 36.870    0  1.003 1292260901  401703074  39115  97787  10270
443.7399 36.866 36.870    0  1.003 1413912269  436740000  40915 102287  10674  0.91(0.76-1.02)

OCDD
457.7377 36.782 36.779    0  1.000 1018958639  313411053  44158 110395   7097
459.7348 36.770 36.779   -1  1.000 1134905675  349675570  39355  98387   8885  0.90(0.76-1.02)

QC Flag Legend
Review Flags
  a - User Assigned ID
Reagents:
HRDXNL6_00024 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 15:54:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Instrument ID: 3D5
Lims ID: IC 6                     
Client ID: L6
Operator ID:  KSS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F2:HRSIR

13C-2,3,4,7,8-PeCDF, CAS: 116843-02-8
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  23.43
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Manual Integration Results
RT:  23.42
Area: 136268845
Amount:    104.2196
Amount Units: pg/ul
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Reviewer: stephensk, 12-Dec-2019 15:48:50
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 12-Dec-2019 15:54:42 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Instrument ID: 3D5
Lims ID: IC 6                     
Client ID: L6
Operator ID:  KSS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F3:HRSIR

13C-1,2,3,4,7,8-HxCDD, CAS: 109719-80-4
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  31.56
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Manual Integration Results
RT:  31.55
Area: 86613004
Amount:    104.2640
Amount Units: pg/ul
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Reviewer: stephensk, 12-Dec-2019 15:48:56
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 12-Dec-2019 15:54:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Instrument ID: 3D5
Lims ID: IC 6                     
Client ID: L6
Operator ID:  KSS ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

13C-1,2,3,4,7,8,9-HpCDF, CAS: 109719-94-0
Signal: 1

Processing Integration Results
Not Detected
Expected RT:  34.73
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Manual Integration Results
RT:  34.72
Area: 43429979
Amount:    108.8731
Amount Units: pg/ul
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Reviewer: stephensk, 12-Dec-2019 15:49:01
Audit Action: Assigned Compound ID Audit Reason: Peak assignment corrected
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Report Date: 12-Dec-2019 15:54:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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          17.17

16.80

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

12

25

38

51

64

77

90

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1
2,3,7,8-TCDF
          17.17

16.80

TCDF Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

4

9

14

19

24

29

34

39

Y
 ( 

X
10

00
00

0)

F1:m/z     315.9419:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.16

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

0)

F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.16
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Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

6

13

20

27

34

41

48

55

62

69

76

Y
 ( 

X
10

00
00

0)

F1:m/z     303.9016:SG5Pt_x1

2,3,7,8-TCDF
          17.17

16.80

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

8

17

26

35

44

53

62

71

80

89

98

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1

2,3,7,8-TCDF
          17.17

16.80

TCDF Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1

19.47

18.07

Page 847 of 1153



Report Date: 12-Dec-2019 15:54:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

0)

F1:m/z     319.8965:SG5Pt_x1

2,3,7,8-TCDD
          17.87

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
00

0)

F1:m/z     321.8936:SG5Pt_x1
2,3,7,8-TCDD
          17.87

18.23

TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.66 13C-2,3,7,8-TCDD

          17.85

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1
13C-1,2,3,4-TCDD
          17.66 13C-2,3,7,8-TCDD

          17.85
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Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

00
)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          17.87

37Cl4-TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

17

20

23

26

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.66 13C-2,3,7,8-TCDD

          17.85

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

17

20

23

26

29

32

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.66

13C-2,3,7,8-TCDD
          17.85
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Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

Y
 ( 

X
10

00
)

F1:m/z     339.8597:SG5Pt_x1

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

1

3

5

7

9

11

13

15

17

19

21

23

25

27

29

Y
 ( 

X
10

00
)

F1:m/z     341.8567:SG5Pt_x1
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Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
)

F1:m/z     339.8597:SG5Pt_x1

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

1

4

7

10

13

16

19

22

25

28

Y
 ( 

X
10

00
)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-3

1

5

9

13

17

21

25

29

33

37

41

Y
 ( 

X
10

00
)

F1:m/z     409.7974:SG5Pt_x1

19.11
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Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
00

00
) F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.13 2,3,4,7,8-PeCDF

          23.45

22.66

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

00
) F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.13 2,3,4,7,8-PeCDF

          23.45

22.66

PeCDF Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.10

22.63

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.10

24.1722.62
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Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

21

24

27

30

33

Y
 ( 

X
10

00
00

00
)

F2:m/z     339.8597:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.13 2,3,4,7,8-PeCDF

          23.45

22.66

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
00

00
)

F2:m/z     341.8567:SG5Pt_x1

1,2,3,7,8-PeCDF
          22.13 2,3,4,7,8-PeCDF

          23.45

22.66

PeCDF Interference Mass

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F2:m/z     409.7974:SG5Pt_x1
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Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

00
) F2:m/z     355.8546:SG5Pt_x1

1,2,3,7,8-PeCDD
          24.16

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

00
) F2:m/z     357.8516:SG5Pt_x1

1,2,3,7,8-PeCDD
          24.16

PeCDD Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.13

22.13

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.13

22.14
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Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

00
) F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.20

1,2,3,6,7,8-HxCDF
          30.50

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

4

9

14

19

24

29

34

39

Y
 ( 

X
10

00
00

00
) F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.20

1,2,3,6,7,8-HxCDF
          30.49

HxCDF Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.19

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.19
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Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

4

9

14

19

24

29

34

39

44

49

Y
 ( 

X
10

00
00

00
)

F3:m/z     373.8208:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.20

1,2,3,6,7,8-HxCDF
          30.50

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

27

31

35

39

Y
 ( 

X
10

00
00

00
)

F3:m/z     375.8178:SG5Pt_x1

1,2,3,7,8,9-HxCDF
          32.20

1,2,3,6,7,8-HxCDF
          30.49

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-2

1

4

7

10

13

16

19

22

25

Y
 ( 

X
10

00
)

F3:m/z     445.7555:SG5Pt_x1

32.74
32.83

27.53
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Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

00
) F3:m/z     389.8157:SG5Pt_x1

1,2,3,7,8,9-HxCDD
          32.02

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

00
) F3:m/z     391.8127:SG5Pt_x1

1,2,3,7,8,9-HxCDD
          32.02

HxCDD Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

5

11

17

23

29

35

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          32.00

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

4

8

12

16

20

24

28

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          32.00
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Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
00

00
) F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.65

1,2,3,4,7,8,9-HpCDF
          34.73

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
00

00
) F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.65

1,2,3,4,7,8,9-HpCDF
          34.73

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

20

23

Y
 ( 

X
10

00
00

0)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
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Report Date: 12-Dec-2019 15:54:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
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1,2,3,4,6,7,8-HpCDF
          33.65

1,2,3,4,7,8,9-HpCDF
          34.73
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1,2,3,4,6,7,8-HpCDF
          33.65

1,2,3,4,7,8,9-HpCDF
          34.73

HpCDF Interference Mass
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Report Date: 12-Dec-2019 15:54:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD
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Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

00
) F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.44

33.90

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

00
) F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.44

33.90

HpCDD Standards
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13C-1,2,3,4,6,7,8-HpCDD
          34.43
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13C-1,2,3,4,6,7,8-HpCDD
          34.43

33.88
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Report Date: 12-Dec-2019 15:54:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
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) F5:m/z     441.7428:SG5Pt_x1

OCDF
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Report Date: 12-Dec-2019 15:54:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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OCDF
  36.87

OCDF Interference Mass
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39.37

38.26

Page 862 of 1153



Report Date: 12-Dec-2019 15:54:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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Report Date: 12-Dec-2019 15:54:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 12-Dec-2019 15:54:43 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d
Injection Date: 12-Dec-2019 14:39:03 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: L6
Worklist#: 345037 Sample Line#: 7
Column Type: DB-5 Column Dia:  0.32 mm
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Calibration  / 1,2,3,4,6,7,8-HpCDD

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.054

Error Coefficients

Standard Error: 769000000

Relative Standard Error: 5.7

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.996

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.37138 100.0 138203122.0 0.948552 Y

2 IC 320-345037/4 10.0 10.92077 100.0 149748569.0 1.092077 Y

3 IC 320-345037/5 50.0 53.165009 100.0 146156878.0 1.0633 Y

4 IC 320-345037/6 200.0 218.997187 100.0 159237326.0 1.094986 Y

5 IC 320-345037/7 1000.0 1068.781759 100.0 140028109.0 1.068782 Y

RelResp = [1.054]x
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Calibration  / 1,2,3,4,6,7,8-HpCDF

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.48

Error Coefficients

Standard Error: 1190000000

Relative Standard Error: 9.2

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.991

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 3.169819 100.0 150037410.0 1.267928 Y

2 IC 320-345037/4 10.0 15.609772 100.0 162401122.0 1.560977 Y

3 IC 320-345037/5 50.0 71.931076 100.0 159712904.0 1.438622 Y

4 IC 320-345037/6 200.0 324.628552 100.0 161981056.0 1.623143 Y

5 IC 320-345037/7 1000.0 1511.108632 100.0 152865078.0 1.511109 Y

RelResp = [1.48]x
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Calibration  / 1,2,3,4,7,8,9-HpCDF

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.293

Error Coefficients

Standard Error: 981000000

Relative Standard Error: 7.1

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.994

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.868756 100.0 133781139.0 1.147503 Y

2 IC 320-345037/4 10.0 13.140017 100.0 146041140.0 1.314002 Y

3 IC 320-345037/5 50.0 63.413566 100.0 145840544.0 1.268271 Y

4 IC 320-345037/6 200.0 275.532726 100.0 154442339.0 1.377664 Y

5 IC 320-345037/7 1000.0 1359.034077 100.0 140774596.0 1.359034 Y

RelResp = [1.293]x
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Calibration  / 1,2,3,4,7,8-HxCDD

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.093

Error Coefficients

Standard Error: 860000000

Relative Standard Error: 7.3

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.994

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.44219 100.0 163808128.0 0.976876 Y

2 IC 320-345037/4 10.0 11.694327 100.0 167853325.0 1.169433 Y

3 IC 320-345037/5 50.0 53.512668 100.0 174266733.0 1.070253 Y

4 IC 320-345037/6 200.0 233.772223 100.0 167631105.0 1.168861 Y

5 IC 320-345037/7 1000.0 1081.472691 100.0 154639045.0 1.081473 Y

RelResp = [1.093]x

Concentration

0 100 200 300 400 500 600 700 800 900 1000
0.0

0.2

0.4

0.6

0.8

1.0

R
esponse ( X

 1000)

IC 320-345037/3

IC 320-345037/4

IC 320-345037/5

IC 320-345037/6

Page 869 of 1153



Calibration  / 1,2,3,4,7,8-HxCDF

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.147

Error Coefficients

Standard Error: 1310000000

Relative Standard Error: 8.9

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.991

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.431839 100.0 228057392.0 0.972736 Y

2 IC 320-345037/4 10.0 12.028071 100.0 231563640.0 1.202807 Y

3 IC 320-345037/5 50.0 56.891812 100.0 242099177.0 1.137836 Y

4 IC 320-345037/6 200.0 243.778768 100.0 234227258.0 1.218894 Y

5 IC 320-345037/7 1000.0 1203.75694 100.0 212926355.0 1.203757 Y

RelResp = [1.147]x
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Calibration  / 1,2,3,6,7,8-HxCDD

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.043

Error Coefficients

Standard Error: 918000000

Relative Standard Error: 8.7

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.992

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.231945 100.0 181206025.0 0.892778 Y

2 IC 320-345037/4 10.0 11.393354 100.0 181254882.0 1.139335 Y

3 IC 320-345037/5 50.0 53.665575 100.0 183758146.0 1.073312 Y

4 IC 320-345037/6 200.0 210.601386 100.0 191249218.0 1.053007 Y

5 IC 320-345037/7 1000.0 1056.082693 100.0 169339469.0 1.056083 Y

RelResp = [1.043]x
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Calibration  / 1,2,3,6,7,8-HxCDF

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.145

Error Coefficients

Standard Error: 1330000000

Relative Standard Error: 8.4

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.992

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.445599 100.0 241275292.0 0.978239 Y

2 IC 320-345037/4 10.0 12.007987 100.0 241149788.0 1.200799 Y

3 IC 320-345037/5 50.0 58.642573 100.0 243784643.0 1.172851 Y

4 IC 320-345037/6 200.0 242.928194 100.0 243919748.0 1.214641 Y

5 IC 320-345037/7 1000.0 1158.625835 100.0 222786807.0 1.158626 Y

RelResp = [1.145]x
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Calibration  / 1,2,3,7,8,9-HxCDD

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.265

Error Coefficients

Standard Error: 968000000

Relative Standard Error: 5.5

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.997

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.946044 100.0 163808128.0 1.178417 Y

2 IC 320-345037/4 10.0 13.500888 100.0 167853325.0 1.350089 Y

3 IC 320-345037/5 50.0 63.213107 100.0 174266733.0 1.264262 Y

4 IC 320-345037/6 200.0 262.682379 100.0 167631105.0 1.313412 Y

5 IC 320-345037/7 1000.0 1216.878484 100.0 154639045.0 1.216878 Y

RelResp = [1.265]x
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Calibration  / 1,2,3,7,8,9-HxCDF

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.172

Error Coefficients

Standard Error: 1230000000

Relative Standard Error: 7.8

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.993

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.524758 100.0 206305806.0 1.009903 Y

2 IC 320-345037/4 10.0 12.240232 100.0 213447196.0 1.224023 Y

3 IC 320-345037/5 50.0 60.160421 100.0 213252409.0 1.203208 Y

4 IC 320-345037/6 200.0 245.41471 100.0 218257445.0 1.227074 Y

5 IC 320-345037/7 1000.0 1194.056094 100.0 200052961.0 1.194056 Y

RelResp = [1.172]x
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Calibration  / 1,2,3,7,8-PeCDD

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.086

Error Coefficients

Standard Error: 831000000

Relative Standard Error: 6.5

Correlation Coefficient: 0.998

Coefficient of Determination (Adjusted): 0.995

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.433994 100.0 174446593.0 0.973598 Y

2 IC 320-345037/4 10.0 11.578466 100.0 169864186.0 1.157847 Y

3 IC 320-345037/5 50.0 55.746004 100.0 167599127.0 1.11492 Y

4 IC 320-345037/6 200.0 223.198641 100.0 175058491.0 1.115993 Y

5 IC 320-345037/7 1000.0 1065.182668 100.0 151420854.0 1.065183 Y

RelResp = [1.086]x
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Calibration  / 1,2,3,7,8-PeCDF

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.03

Error Coefficients

Standard Error: 1270000000

Relative Standard Error: 8.9

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.991

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.18388 100.0 267927119.0 0.873552 Y

2 IC 320-345037/4 10.0 11.019854 100.0 263888884.0 1.101985 Y

3 IC 320-345037/5 50.0 52.256581 100.0 269197886.0 1.045132 Y

4 IC 320-345037/6 200.0 218.112409 100.0 266542876.0 1.090562 Y

5 IC 320-345037/7 1000.0 1039.794253 100.0 237179506.0 1.039794 Y

RelResp = [1.03]x
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Calibration  / 2,3,4,6,7,8-HxCDF

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.173

Error Coefficients

Standard Error: 1270000000

Relative Standard Error: 8.0

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.993

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.520722 100.0 224637565.0 1.008289 Y

2 IC 320-345037/4 10.0 12.3025 100.0 228396958.0 1.23025 Y

3 IC 320-345037/5 50.0 60.272838 100.0 226090409.0 1.205457 Y

4 IC 320-345037/6 200.0 246.644053 100.0 232992892.0 1.23322 Y

5 IC 320-345037/7 1000.0 1185.699957 100.0 207860074.0 1.1857 Y

RelResp = [1.173]x
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Calibration  / 2,3,4,7,8-PeCDF

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.041

Error Coefficients

Standard Error: 1230000000

Relative Standard Error: 9.6

Correlation Coefficient: 0.998

Coefficient of Determination (Adjusted): 0.990

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 2.5 2.237085 100.0 256478177.0 0.894834 Y

2 IC 320-345037/4 10.0 11.141251 100.0 254672733.0 1.114125 Y

3 IC 320-345037/5 50.0 49.277167 100.0 265262610.0 0.985543 Y

4 IC 320-345037/6 200.0 226.884829 100.0 253995484.0 1.134424 Y

5 IC 320-345037/7 1000.0 1075.912476 100.0 222542126.0 1.075912 Y

RelResp = [1.041]x
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Calibration  / 2,3,7,8-TCDD

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.048

Error Coefficients

Standard Error: 216000000

Relative Standard Error: 8.9

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.991

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 0.5 0.443295 100.0 224505471.0 0.88659 Y

2 IC 320-345037/4 2.0 2.135479 100.0 223228422.0 1.067739 Y

3 IC 320-345037/5 10.0 10.58117 100.0 222854376.0 1.058117 Y

4 IC 320-345037/6 40.0 44.36733 100.0 223322673.0 1.109183 Y

5 IC 320-345037/7 200.0 223.395028 100.0 187504800.0 1.116975 Y

RelResp = [1.048]x
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Calibration  / 2,3,7,8-TCDF

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 0.9502

Error Coefficients

Standard Error: 292000000

Relative Standard Error: 11.5

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.986

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 0.5 0.38665 100.0 329541553.0 0.7733 Y

2 IC 320-345037/4 2.0 1.856657 100.0 317966293.0 0.928328 Y

3 IC 320-345037/5 10.0 9.752074 100.0 329077583.0 0.975207 Y

4 IC 320-345037/6 40.0 42.036463 100.0 314996891.0 1.050912 Y

5 IC 320-345037/7 200.0 204.639574 100.0 277528864.0 1.023198 Y

RelResp = [0.9502]x
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Calibration  / 37Cl4-2,3,7,8-TCDD

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: ISTD

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.348

Error Coefficients

Standard Error: 270000000

Relative Standard Error: 9.0

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.991

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 0.5 0.614254 100.0 232904111.0 1.228507 Y

2 IC 320-345037/4 2.0 2.465839 100.0 233547342.0 1.23292 Y

3 IC 320-345037/5 10.0 15.189654 100.0 230108476.0 1.518965 Y

4 IC 320-345037/6 40.0 54.916951 100.0 224595364.0 1.372924 Y

5 IC 320-345037/7 200.0 277.319862 100.0 188838327.0 1.386599 Y

RelResp = [1.348]x
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Calibration  / OCDD

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.136

Error Coefficients

Standard Error: 1100000000

Relative Standard Error: 6.0

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.996

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 5.0 5.459936 200.0 176245574.0 1.091987 Y

2 IC 320-345037/4 20.0 24.997633 200.0 178956155.0 1.249882 Y

3 IC 320-345037/5 100.0 111.408699 200.0 191409180.0 1.114087 Y

4 IC 320-345037/6 400.0 457.898367 200.0 208300311.0 1.144746 Y

5 IC 320-345037/7 2000.0 2160.355058 200.0 199399104.0 1.080178 Y

RelResp = [1.136]x
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Calibration  / OCDF

Curve Type: Average

Weighting: Conc_Sq

Origin: Force

Dependency: Response

Calib Mode: IsoDil

Response Base: AREA

RF Rounding: 0

Curve Coefficients

Intercept: 0

Slope: 1.394

Error Coefficients

Standard Error: 1390000000

Relative Standard Error: 7.0

Correlation Coefficient: 0.999

Coefficient of Determination (Adjusted): 0.994

ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used

1 IC 320-345037/3 5.0 6.441673 200.0 176245574.0 1.288335 Y

2 IC 320-345037/4 20.0 30.477373 200.0 178956155.0 1.523869 Y

3 IC 320-345037/5 100.0 133.41456 200.0 191409180.0 1.334146 Y

4 IC 320-345037/6 400.0 587.558373 200.0 208300311.0 1.468896 Y

5 IC 320-345037/7 2000.0 2714.328315 200.0 199399104.0 1.357164 Y

RelResp = [1.394]x
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56953-1

ID: 0.32(mm)

CPS 320-312067/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-225

11D2

08/02/2019  01:35

ANALYTE RT RESOLUTION (%)

 16.642,3,7,8-TCDF 13

FORM VI 1613B
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Instrument ID: 11D2
Lims ID: CPS                      
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-225 ( 0.32 mm)
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDF

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  944750
H (Peak Height)  =  7515097

%R =    13  <=     25
Passed
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F1:m/z     305.8987:SG5Pt_x1
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Instrument ID: 11D2
Lims ID: CPS                      
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-225 ( 0.32 mm)
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56953-1

ID: 0.32(mm)

WDM 320-345037/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-5

3D5

12/12/2019  09:53

ANALYTE RT RESOLUTION (%)

 17.842,3,7,8-TCDD 20

FORM VI 1613B
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Instrument ID: 3D5
Lims ID: WDM                      
Client ID:
Operator ID:  KSS ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-5 ( 0.32 mm)
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDD

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  2438280
H (Peak Height)  =  12393684

%R =    20  <=     25
Passed
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FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56953-1

ID: 0.32(mm)

WDM 320-346752/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-5

3D5

12/19/2019  11:00

ANALYTE RT RESOLUTION (%)

 17.792,3,7,8-TCDD 22

FORM VI 1613B

Page 889 of 1153



Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d
Injection Date: 19-Dec-2019 11:00:56 Instrument ID: 3D5
Lims ID: WDM                      
Client ID:
Operator ID:  AJS ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-5 ( 0.32 mm)
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDD

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  2149341
H (Peak Height)  =  9961552

%R =    22  <=     25
Passed

17.5 17.7 17.9 18.1 18.3
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

Y
 ( 

X
10

00
00

0)

F1:m/z     321.8936:SG5Pt_x1

 17.688

 17.793  17.960

V

H

Page 890 of 1153



FORM VI
RESOLUTION CHECK SUMMARY

Lab Name: Job No.:

SDG No.:

Eurofins TestAmerica, Sacramento 320-56953-1

ID: 0.32(mm)

CPS 320-346764/1Lab Sample ID (1): Instrument ID (1):

Date Analyzed (1):GC Column (1): DB-225

11D2

12/19/2019  16:13

ANALYTE RT RESOLUTION (%)

 16.582,3,7,8-TCDF 20

FORM VI 1613B
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Report Date: 20-Dec-2019 14:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_001.d
Injection Date: 19-Dec-2019 16:13:15 Instrument ID: 11D2
Lims ID: CPS                      
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-225 ( 0.32 mm)
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL

2,3,7,8-TCDF

Isotopic Dilution Dioxin Method

%R = (V / H) * 100

V (Valley Height)  =  2077568
H (Peak Height)  =  10296165

%R =    20  <=     25
Passed
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Report Date: 20-Dec-2019 14:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Resolution Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_001.d
Injection Date: 19-Dec-2019 16:13:15 Instrument ID: 11D2
Lims ID: CPS                      
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Column: DB-225 ( 0.32 mm)
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56953-1

11D2

08/02/2019  06:03

08/02/2019  02:52

08/02/2019  05:25

ICV 320-312067/8

DB-225

Eurofins TestAmerica, Sacramento

Lab File ID: 02AU1911D2_008.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDD AveID 1.154 1.135 39.4 40.0 98 70-130

2,3,7,8-TCDF AveID 0.8389 0.7719 36.8 40.0 92 70-130

13C-2,3,7,8-TCDD Ave 0.9388 0.8798 93.7 100 94 82-121

13C-2,3,7,8-TCDF Ave 1.338 1.270 94.9 100 95 71-140

37Cl4-2,3,7,8-TCDD Ave 1.182 1.222 41.4 40.0 103 79-127

FORM VII 1613B
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 02-Aug-2019 06:03:41 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: ICV HRDXNIC_00042
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist:

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:56:54 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:47:16

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.394   97001968 0.78  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.547  123207943 0.74   1.3379        94.9        94.9   0.6094   0.6094  94.93
  2,3,7,8-TCDF 16.574   38039883 0.78   0.8389        36.8        36.8   0.1052   0.1052  92.01
D 13C-2,3,7,8-TCDD 15.106   85337698 0.79   0.9388        93.7        93.7   0.3453   0.3453  93.71
  2,3,7,8-TCDD 15.120   38758960 0.76   1.1538        39.4        39.4   0.1979   0.1979  98.41
$ 37Cl4-2,3,7,8-TCDD 15.120   47417283   1.1816        41.4        41.4   0.1032   0.1032    103

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNIC_00042 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Lims ID: ICV                      
Client ID:
Sample Type: ICV
Inject. Date: 02-Aug-2019 06:03:41 ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: ICV HRDXNIC_00042
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist:

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:56:54 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:47:16

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.394 15.416   -1   42407295    9957761  17234  43085    578
333.9339 15.394 15.416   -1   54594673   12831179  12314  30785   1042  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.547 16.580   -2  1.075   52595032   11688678  51826 129565    226
317.9389 16.547 16.580   -2  1.075   70612911   15460441  22495  56237    687  0.74(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.574 16.599   -1  1.002   16681516    3535451   3682   9205    960
305.8987 16.574 16.599   -1  1.002   21358367    4522824   5899  14747    767  0.78(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.106 15.136   -2  0.981   37657541    9362808  17234  43085    543
333.9339 15.106 15.136   -2  0.981   47680157   11686095  12314  30785    949  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.120 15.156   -2  1.001   16757833    4095456   8475  21187    483
321.8936 15.120 15.156   -2  1.001   22001127    5354648  10746  26865    498  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.120 15.158   -2  0.982   47417283   11432123  11111  27777   1029

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNIC_00042 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Injection Date: 02-Aug-2019 06:03:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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)

F1:m/z     303.9016:SG5Pt_x1
2,3,7,8-TCDF
          16.57

18.85 23.0114.58 19.95

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
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          16.57
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TCDF Standards
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          16.55
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13C-2,3,7,8-TCDF
          16.55

18.84
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Injection Date: 02-Aug-2019 06:03:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1
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TCDF Interference Mass
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Injection Date: 02-Aug-2019 06:03:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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TCDD Standards
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Injection Date: 02-Aug-2019 06:03:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)
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Report Date: 02-Aug-2019 11:57:05 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_008.d
Injection Date: 02-Aug-2019 06:03:41 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 8
Column Type: DB-225 Column Dia:  0.32 mm
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F1:m/z     330.9792:SG5Pt_x1
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56953-1

11D2

12/19/2019  16:51

08/02/2019  02:52

08/02/2019  05:25

CCV 320-346764/2

DB-225

Eurofins TestAmerica, Sacramento

Lab File ID: 19DE19A11D2_002.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDD AveID 1.154 1.109 9.61 10.0 96 78-129

2,3,7,8-TCDF AveID 0.8389 0.9595 11.4 10.0 114 84-120

13C-2,3,7,8-TCDD Ave 0.9388 0.9315 99.2 100 99 82-121

13C-2,3,7,8-TCDF Ave 1.338 1.467 110 100 110 71-140

37Cl4-2,3,7,8-TCDD Ave 1.182 1.449 12.3 10.0 123 79-127

FORM VII 1613B
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Report Date: 20-Dec-2019 14:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_002.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 19-Dec-2019 16:51:33 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CCV CS-4 HRDXNL4_00086
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:38:24 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:32:46

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 15.380  160249532 0.76  1.1E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 16.560  235072809 0.80   1.3379       109.6       109.6   0.3087   0.3087    110
  2,3,7,8-TCDF 16.587   22554934 0.75   0.8389        11.4        11.4   0.0403   0.0403    114
D 13C-2,3,7,8-TCDD 15.133  149269646 0.77   0.9388        99.2        99.2   0.1882   0.1882  99.22
  2,3,7,8-TCDD 15.147   16551512 0.78   1.1538       9.610       9.610   0.0585   0.0585  96.10
$ 37Cl4-2,3,7,8-TCDD 15.147   23223580   1.1816        12.3        12.3   0.0426   0.0426    123

S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNL4_00086 Amount Added:   2.00 Units: uL
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Report Date: 20-Dec-2019 14:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_002.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 19-Dec-2019 16:51:33 ALS Bottle#: 0 Worklist Smp#: 2
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CCV CS-4 HRDXNL4_00086
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2
Sublist: chrom-DXN_DB225_11D2*sub1

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:38:24 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:32:46

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 15.380 15.380    0   69191388   14662624  16853  42132    870
333.9339 15.380 15.380    0   91058144   19176959   7059  17647   2717  0.76(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 16.560 16.560    0  1.077  104396501   19356058  35644  89110    543
317.9389 16.560 16.560    0  1.077  130676308   24472749  20271  50677   1207  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.587 16.587    0  1.002    9694758    1836979   2534   6335    725
305.8987 16.587 16.587    0  1.002   12860176    2468767   3395   8487    727  0.75(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.133 15.133    0  0.984   64803590   13623844  16853  42132    808
333.9339 15.119 15.133   -1  0.983   84466056   17965064   7059  17647   2545  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.147 15.147    0  1.001    7234284    1524444   4982  12455    306
321.8936 15.147 15.147    0  1.001    9317228    1972780   3545   8862    556  0.78(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8840 15.147 15.147    0  0.985   23223580    4880955   6809  17022    717

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNL4_00086 Amount Added:   2.00 Units: uL
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Report Date: 20-Dec-2019 14:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_002.d
Injection Date: 19-Dec-2019 16:51:33 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346764 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 20-Dec-2019 14:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_002.d
Injection Date: 19-Dec-2019 16:51:33 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346764 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 20-Dec-2019 14:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_002.d
Injection Date: 19-Dec-2019 16:51:33 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346764 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 20-Dec-2019 14:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_002.d
Injection Date: 19-Dec-2019 16:51:33 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346764 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 20-Dec-2019 14:38:25 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_002.d
Injection Date: 19-Dec-2019 16:51:33 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346764 Sample Line#: 2
Column Type: DB-225 Column Dia:  0.32 mm
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56953-1

3D5

12/12/2019  16:24

12/12/2019  11:28

12/12/2019  14:39

ICV 320-345037/9

DB-5

Eurofins TestAmerica, Sacramento

Lab File ID: 12DE193D5_9.d Conc. Units: pg/uL

EPA Sample No.: ICV

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDF AveID 0.9502 1.041 43.8 40.0 110 70-130

2,3,7,8-TCDD AveID 1.048 1.179 45.0 40.0 113 70-130

1,2,3,7,8-PeCDF AveID 1.030 1.059 206 200 103 70-130

2,3,4,7,8-PeCDF AveID 1.041 1.179 226 200 113 70-130

1,2,3,7,8-PeCDD AveID 1.086 1.044 192 200 96 70-130

1,2,3,4,7,8-HxCDF AveID 1.147 1.215 212 200 106 70-130

1,2,3,6,7,8-HxCDF AveID 1.145 1.225 214 200 107 70-130

2,3,4,6,7,8-HxCDF AveID 1.173 1.282 219 200 109 70-130

1,2,3,4,7,8-HxCDD AveID 1.093 1.118 204 200 102 70-130

1,2,3,6,7,8-HxCDD AveID 1.043 1.144 219 200 110 70-130

1,2,3,7,8,9-HxCDD AveID 1.207 1.171 194 200 97 70-130

1,2,3,7,8,9-HxCDF AveID 1.172 1.229 210 200 105 70-130

1,2,3,4,6,7,8-HpCDF AveID 1.480 1.572 212 200 106 70-130

1,2,3,4,6,7,8-HpCDD AveID 1.054 1.099 209 200 104 70-130

1,2,3,4,7,8,9-HpCDF AveID 1.293 1.366 211 200 106 70-130

OCDD AveID 1.136 1.186 418 400 104 70-130

OCDF AveID 1.394 1.453 417 400 104 70-130

13C-2,3,7,8-TCDF Ave 1.416 1.376 97.2 100 97 71-140

13C-2,3,7,8-TCDD Ave 0.9751 0.9535 97.8 100 98 82-121

13C-1,2,3,7,8-PeCDF Ave 1.179 1.147 97.3 100 97 76-130

13C-2,3,4,7,8-PeCDF Ave 1.131 1.134 100 100 100 77-130

13C-1,2,3,7,8-PeCDD Ave 0.7572 0.7558 99.8 100 100 62-160

13C-1,2,3,4,7,8-HxCDF Ave 1.104 1.115 101 100 101 76-131

13C-1,2,3,6,7,8-HxCDF Ave 1.147 1.118 97.5 100 97 70-143

13C-2,3,4,6,7,8-HxCDF Ave 1.077 1.051 97.6 100 98 73-137

13C-1,2,3,4,7,8-HxCDD Ave 0.7962 0.8195 103 100 103 85-117

13C-1,2,3,6,7,8-HxCDD Ave 0.8720 0.8702 99.8 100 100 85-118

13C-1,2,3,7,8,9-HxCDF Ave 1.011 0.9661 95.5 100 96 74-135

13C-1,2,3,4,6,7,8-HpCDF Ave 0.7577 0.7715 102 100 102 78-129

13C-1,2,3,4,6,7,8-HpCDD Ave 0.7058 0.7545 107 100 107 72-138

13C-1,2,3,4,7,8,9-HpCDF Ave 0.6941 0.7448 107 100 107 77-129

13C-OCDD Ave 0.4603 0.4774 207 200 104 48-208

37Cl4-2,3,7,8-TCDD Ave 1.348 1.357 40.3 40.0 101 79-127

FORM VII 1613B
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Lims ID: ICV                      
Client ID: ICV
Sample Type: ICV
Inject. Date: 12-Dec-2019 16:24:09 ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: ICV  121219  ICV  HRDXNIC_00042
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist:

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 13-Dec-2019 08:02:44 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0302

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.672  270085932 0.79  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.173  371649958 0.82   1.4157        97.2        97.2   0.1394   0.1394  97.20
  2,3,7,8-TCDF 17.188  154755506 0.77   0.9502        43.8        43.8   0.0778   0.0778    110
A Non-2,3,7,8-sub-TCDF 16.841    1135104 0.87   0.9502      0.3214      0.3214   0.0778   0.3214
S Total TCDF        44.1        44.1   0.0778   0.0778

D 13C-2,3,7,8-TCDD 17.869  257527783 0.79   0.9751        97.8        97.8   0.1551   0.1551  97.79
  2,3,7,8-TCDD 17.884  121462424 0.79   1.0477        45.0        45.0   0.0527   0.0527    113
$ 37Cl4-2,3,7,8-TCDD 17.884  146639981   1.3480        40.3        40.3   0.0787   0.0787    101

A Non-2,3,7,8-sub-TCDD 17.294    1743442 0.77   1.0477      0.7532      0.6462   0.0527   0.6462  RQ
S Total TCDD        45.8        45.7   0.0527   0.0527  RQ

D 13C-1,2,3,7,8-PeCDF 22.114  309874781 1.58   1.1786        97.3        97.3   0.2252   0.2252  97.35
  1,2,3,7,8-PeCDF 22.141  656505253 1.57   1.0302       205.6       205.6   0.7951   0.7951    103
D 13C-2,3,4,7,8-PeCDF 23.437  306164012 1.61   1.1308       100.2       100.2   0.2347   0.2347    100
  2,3,4,7,8-PeCDF 23.464  721626753 1.61   1.0410       226.4       226.4   0.8510   0.8510    113
A F1 PeCDFs 19.797   0.0305   0.0305
A Non-2,3,7,8-sub-PeCDF 22.906   15330047 1.72   1.0356       4.806       4.806   0.8219    4.806
S Total PeCDF       436.9       436.9   0.8230   0.8230

D 13C-1,2,3,7,8-PeCDD 24.146  204118372 1.58   0.7572        99.8        99.8   0.1420   0.1420  99.81
  1,2,3,7,8-PeCDD 24.173  426058756 1.59   1.0855       192.3       192.3   0.2704   0.2704  96.14
A Non-2,3,7,8-sub-PeCDD 23.055   0.2704   0.2704
S Total PeCDD       192.3       192.3   0.2704   0.2704

D 13C-1,2,3,4,7,8-HxCDF 30.273  271260302 0.53   1.1043       100.9       100.9   0.2306   0.2306    101
  1,2,3,4,7,8-HxCDF 30.300  659203064 1.22   1.1472       211.8       211.8   0.6366   0.6366    106
D 13C-1,2,3,6,7,8-HxCDF 30.473  272013222 0.52   1.1470        97.5        97.5   0.2220   0.2220  97.45
  1,2,3,6,7,8-HxCDF 30.499  666204959 1.26   1.1450       213.9       213.9   0.6235   0.6235    107
D 13C-2,3,4,6,7,8-HxCDF 31.365  255749967 0.54   1.0769        97.6        97.6   0.2364   0.2364  97.59
  2,3,4,6,7,8-HxCDF 31.378  655580573 1.22   1.1726       218.6       218.6   0.4779   0.4779    109
D 13C-1,2,3,7,8,9-HxCDF 32.204  235091692 0.52   1.0115        95.5        95.5   0.2517   0.2517  95.51
  1,2,3,7,8,9-HxCDF 32.217  577659417 1.23   1.1717       209.7       209.7   0.4861   0.4861    105
A Non-2,3,7,8-sub-HxCDF 29.954   0.5469   0.5469
S Total HxCDF       854.1       854.1   0.5560   0.5560
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 32.004  243345620 1.29  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.565  199415534 1.28   0.7962       102.9       102.9   0.2000   0.2000    103
  1,2,3,4,7,8-HxCDD 31.578  445827448 1.25   1.0934       204.5       204.5   0.4135   0.4135    102
D 13C-1,2,3,6,7,8-HxCDD 31.671  211767568 1.28   0.8720        99.8        99.8   0.1826   0.1826  99.80
  1,2,3,6,7,8-HxCDD 31.684  484510720 1.27   1.0429       219.4       219.4   0.4097   0.4097    110
  1,2,3,7,8,9-HxCDD 32.017  481676148 1.25   1.2073       194.1       194.1   0.3639   0.3639  97.03
A Non-2,3,7,8-sub-HxCDD 30.606   0.3942   0.3942
S Total HxCDD       617.9       617.9   0.3957   0.3957

D 13C-1,2,3,4,6,7,8-HpCDF 33.652  187732796 0.46   0.7577       101.8       101.8    1.433    1.433    102
  1,2,3,4,6,7,8-HpCDF 33.664  590414217 1.05   1.4804       212.4       212.4    1.138    1.138    106
D 13C-1,2,3,4,7,8,9-HpCDF 34.734  181231378 0.43   0.6941       107.3       107.3    1.564    1.564    107
  1,2,3,4,7,8,9-HpCDF 34.734  495258328 1.05   1.2933       211.3       211.3    1.552    1.552    106
A Non-2,3,7,8-sub-HpCDF 34.193    1.321    1.321
S Total HpCDF       423.7       423.7    1.345    1.345

D 13C-1,2,3,4,6,7,8-HpCDD 34.442  183613445 1.09   0.7058       106.9       106.9   0.4437   0.4437    107
  1,2,3,4,6,7,8-HpCDD 34.454  403758571 1.06   1.0535       208.7       208.7   0.8556   0.8556    104
A Non-2,3,7,8-sub-HpCDD 34.169    6591915 0.95   1.0535       3.408       3.408   0.8556    3.408
S Total HpCDD       212.1       212.1   0.8556   0.8556

D 13C-OCDD 36.770  232322449 0.90   0.4603       207.4       207.4   0.4010   0.4010    104
  OCDF 36.866  674947816 0.91   1.3945       416.7       416.7   0.5045   0.5045    104
  OCDD 36.782  551081986 0.90   1.1362       417.6       417.6   0.5796   0.5796    104

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNIC_00042 Amount Added:   2.00 Units: uL
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Lims ID: ICV                      
Client ID: ICV
Sample Type: ICV
Inject. Date: 12-Dec-2019 16:24:09 ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: ICV  121219  ICV  HRDXNIC_00042
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5
Sublist:

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 13-Dec-2019 08:02:44 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0302

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.672 17.657    1  119112558   30773227  22008  55020   1398
333.9339 17.672 17.657    1  150973374   38610201  19974  49935   1933  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.173 17.128    3  0.972  167566864   42270701  25199  62997   1677
317.9389 17.173 17.128    3  0.972  204083094   50484076  29557  73892   1708  0.82(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.188 17.158    2  1.001   67498189   17335870  12820  32050   1352
305.8987 17.188 17.158    2  1.001   87257317   22264388  14618  36545   1523  0.77(0.65-0.89)

A Non-2,3,7,8-sub-TCDF

303.9016 16.538 16.841  -18  0.963     529102     131768  12820  32050     10
305.8987 16.538 16.841  -18  0.963     606002     158140  14618  36545     11  0.87(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 17.869 17.823    3  1.011  113833668   27054631  22008  55020   1229
333.9339 17.869 17.823    3  1.011  143694115   34423261  19974  49935   1723  0.79(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.884 17.839    3  1.001   53786271   13427177   8291  20727   1619
321.8936 17.884 17.839    3  1.001   67676153   16730882   5299  13247   3157  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.884 17.869    1  1.012  146639981   35503806  29430  73575   1206

A Non-2,3,7,8-sub-TCDD RQ

319.8965 17.778 17.294   29  0.995    1047305     302600   8291  20727     36
Empc Correction     758446     249995   8291  20727     30

321.8936 17.778 17.294   29  0.995     984996     324670   5299  13247     61  1.06(0.65-0.89)
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDF
351.9000 22.114 22.100    1  1.251  189969392   34848954  42106 105265    828
353.8970 22.114 22.100    1  1.251  119905389   21921524  31540  78850    695  1.58(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.141 22.127    1  1.001  401053631   72411616 112425 281062    644
341.8567 22.141 22.127    1  1.001  255451622   46292478  73577 183942    629  1.57(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.437 23.423    1  1.326  188948891   32328162  42106 105265    768
353.8970 23.437 23.423    1  1.326  117215121   20163286  31540  78850    639  1.61(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.464 23.450    1  1.001  444775112   75331835 112425 281062    670
341.8567 23.464 23.450    1  1.001  276851641   46580158  73577 183942    633  1.61(1.32-1.78)

A F1 PeCDFs
339.8597 19.797    2026    5065
341.8567 19.797    4867   12167

A Non-2,3,7,8-sub-PeCDF

339.8597 22.659 22.906  -15  1.025    9701220    1791183 112425 281062     16
341.8567 22.659 22.906  -15  1.025    5628827    1014945  73577 183942     14  1.72(1.32-1.78)

13C-1,2,3,7,8-PeCDD
367.8949 24.146 24.132    1  1.366  125070440   20673410  17811  44527   1161
369.8919 24.146 24.132    1  1.366   79047932   12976636  12029  30072   1079  1.58(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.173 24.159    1  1.001  261337003   41660287  24825  62062   1678
357.8516 24.173 24.159    1  1.001  164721753   26234267  14680  36700   1787  1.59(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 23.055   24825   62062
357.8516 23.055   14680   36700

13C-1,2,3,4,7,8-HxCDF
383.8639 30.273 30.273    0  0.946   94377084   16850440  24667  61667    683
385.8610 30.273 30.273    0  0.946  176883218   32253564  43035 107587    749  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.300 30.299    0  1.001  362541027   67340226  77949 194872    864
375.8178 30.300 30.299    0  1.001  296662037   54726850  65494 163735    836  1.22(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.473 30.473    0  0.952   93363035   17583506  24667  61667    713
385.8610 30.473 30.473    0  0.952  178650187   32649082  43035 107587    759  0.52(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.499 30.499    0  1.001  370782818   68294614  77949 194872    876
375.8178 30.499 30.499    0  1.001  295422141   54776049  65494 163735    836  1.26(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.365 31.351    1  0.980   89463419   22749754  24667  61667    922
385.8610 31.365 31.351    1  0.980  166286548   41238876  43035 107587    958  0.54(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.378 31.378    0  1.000  360017692   92269270  77949 194872   1184
375.8178 31.378 31.378    0  1.000  295562881   75646415  65494 163735   1155  1.22(1.05-1.43)
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8,9-HxCDF
383.8639 32.204 32.190    1  1.006   80327273   21851193  24667  61667    886
385.8610 32.204 32.190    1  1.006  154764419   41110712  43035 107587    955  0.52(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.217 32.204    1  1.000  318175057   87154137  77949 194872   1118
375.8178 32.217 32.204    1  1.000  259484360   69530162  65494 163735   1062  1.23(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 29.954   77949  194872
375.8178 29.954   65494  163735

13C-1,2,3,7,8,9-HxCDD
401.8559 32.004 32.004    0  137156162   37414623  23456  58640   1595
403.8529 32.004 32.004    0  106189458   29059462  18880  47200   1539  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.565 31.551    1  0.986  111978645   30454874  23456  58640   1298
403.8529 31.565 31.551    1  0.986   87436889   23239407  18880  47200   1231  1.28(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.578 31.565    1  1.000  247740093   68789569  54687 136717   1258
391.8127 31.578 31.565    1  1.000  198087355   54337126  42423 106057   1281  1.25(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 31.671 31.658    1  0.990  118903305   32064033  23456  58640   1367
403.8529 31.671 31.658    1  0.990   92864263   24757329  18880  47200   1311  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.684 31.684    0  1.000  270897778   72335351  54687 136717   1323
391.8127 31.684 31.684    0  1.000  213612942   57126331  42423 106057   1347  1.27(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 32.017 32.017    0  1.014  267452966   73977779  54687 136717   1353
391.8127 32.017 32.017    0  1.014  214223182   60689549  42423 106057   1431  1.25(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8157 30.606   54687  136717
391.8127 30.606   42423  106057

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.652 33.640    1  1.051   58921143   21697769  90467 226167    240
419.8220 33.652 33.640    1  1.051  128811653   47591801 198150 495375    240  0.46(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.664 33.652    1  1.000  301741769  112712483 231277 578192    487
409.7789 33.664 33.652    1  1.000  288672448  106248548 235777 589442    451  1.05(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.734 34.721    1  1.085   54803039   17876401  90467 226167    198
419.8220 34.734 34.721    1  1.085  126428339   40307650 198150 495375    203  0.43(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.734 34.734    0  1.000  253307591   83102110 231277 578192    359
409.7789 34.734 34.734    0  1.000  241950737   80723141 235777 589442    342  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7818 34.193  231277  578192
409.7789 34.193  235777  589442
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.442 34.430    1  1.076   95572249   33460614  42780 106950    782
437.8140 34.442 34.430    1  1.076   88041196   31402252  40489 101222    776  1.09(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.454 34.442    1  1.000  207482296   71879897 110330 275825    651
425.7737 34.454 34.442    1  1.000  196276275   66647376 123534 308835    540  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD

423.7766 33.907 34.169  -16  0.984    3217726    1264627 110330 275825     11
425.7737 33.907 34.169  -16  0.984    3374189    1232369 123534 308835     10  0.95(0.88-1.20)

13C-OCDD
469.7779 36.770 36.770    0  1.149  110263401   31794781  23623  59057   1346
471.7750 36.770 36.770    0  1.149  122059048   35774867  25447  63617   1406  0.90(0.76-1.02)

OCDF
441.7428 36.866 36.866    0  1.003  322035229   94527211  43535 108837   2171
443.7399 36.866 36.866    0  1.003  352912587  106059231  51530 128825   2058  0.91(0.76-1.02)

OCDD
457.7377 36.782 36.782    0  1.000  261007674   77122926  42299 105747   1823
459.7348 36.782 36.782    0  1.000  290074312   85553254  46691 116727   1832  0.90(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  n - Failed Sig-To-Noise Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNIC_00042 Amount Added:   2.00 Units: uL
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Lims ID: ICV
Client ID: ICV
Inject. Date: 12-Dec-2019 16:24:09 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: 3D5 Operator:  KSS
Lims Batch ID: 345037 Lims Sample ID: 9
Sublist:

Non-2,3,7,8-sub-TCDF, RT: 16.841

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDF                       0.950 D 13C-2,3,7,8-TCDF                        100.000       371649958        92754777
Averages:

RRFn Qis Ris Area Ris Height
  0.950        100.000       371649958        92754777

Sum the Uncalibrated Results

RT
303.9016

Area
303.9016

Height
305.8987

Area
305.8987

Height
Amount

Ratio Flags

16.538            529102            131768            606002            158140      0.3214 0.87
Signal Totals:

           529102            131768            606002            158140
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          1135104            289908 0.87

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.3214 = (1135104 * 100.000) / (371649958 * 0.950)
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Lims ID: ICV
Client ID: ICV
Inject. Date: 12-Dec-2019 16:24:09 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: 3D5 Operator:  KSS
Lims Batch ID: 345037 Lims Sample ID: 9
Sublist:

Non-2,3,7,8-sub-TCDD, RT: 17.294

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000       257527783        61477892
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000       257527783        61477892

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

17.778           1047305            302600            984996            324670      0.7532 1.06 RQ
17.778            758446            249995            984996            324670      0.6462 Empc Correction
Signal Totals:

           758446            249995            984996            324670
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          2032301            627270 1.06 RQ
          1743442            574665 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.7532 = (2032301 * 100.000) / (257527783 * 1.048)
Empc Amount:         0.6462 = (1743442 * 100.000) / (257527783 * 1.048)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Lims ID: ICV
Client ID: ICV
Inject. Date: 12-Dec-2019 16:24:09 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: 3D5 Operator:  KSS
Lims Batch ID: 345037 Lims Sample ID: 9
Sublist:

Non-2,3,7,8-sub-PeCDF, RT: 22.906

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030 D 13C-1,2,3,7,8-PeCDF                     100.000       309874781        56770478
  2,3,4,7,8-PeCDF                    1.041 D 13C-2,3,4,7,8-PeCDF                     100.000       306164012        52491448
Averages:

RRFn Qis Ris Area Ris Height
  1.036        100.000       308019396        54630963

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

22.659           9701220           1791183           5628827           1014945        4.81 1.72
Signal Totals:

          9701220           1791183           5628827           1014945
Total Responses:

Rx Area Rx Height Amount Ratio Flags

         15330047          2806128 1.72

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          4.806 = (15330047 * 100.000) / (308019396 * 1.036)
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Lims ID: ICV
Client ID: ICV
Inject. Date: 12-Dec-2019 16:24:09 Dil. Factor: 1.0000     
Sample Type: ICV, ICal Verification
Instrument ID: 3D5 Operator:  KSS
Lims Batch ID: 345037 Lims Sample ID: 9
Sublist:

Non-2,3,7,8-sub-HpCDD, RT: 34.169

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.054 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000       183613445        64862866
Averages:

RRFn Qis Ris Area Ris Height
  1.054        100.000       183613445        64862866

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

33.907           3217726           1264627           3374189           1232369        3.41 0.95 n
Signal Totals:

          3217726           1264627           3374189           1232369
Total Responses:

Rx Area Rx Height Amount Ratio Flags

          6591915           2496996 0.95

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:          3.408 = (6591915 * 100.000) / (183613445 * 1.054)

QC Flag Legend

Processing Flags
n - Failed Sig-To-Noise Test
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 13-Dec-2019 08:02:46 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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37Cl4-TCDD Standards
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Report Date: 13-Dec-2019 08:02:47 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 13-Dec-2019 08:02:47 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
)

F1:m/z     339.8597:SG5Pt_x1

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

2

6

10

14

18

22

26

30

34

38

42

Y
 ( 

X
10

00
)

F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-2

1

4

7

10

13

16

19

22

Y
 ( 

X
10

00
)

F1:m/z     409.7974:SG5Pt_x1

19.74
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
00

0)

F2:m/z     339.8597:SG5Pt_x1
2,3,4,7,8-PeCDF
          23.46

1,2,3,7,8-PeCDF
          22.14

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

0)

F2:m/z     341.8567:SG5Pt_x1
2,3,4,7,8-PeCDF
          23.46

1,2,3,7,8-PeCDF
          22.14

PeCDF Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
00

0)

F2:m/z     351.9000:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.11

22.63

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

0)

F2:m/z     353.8970:SG5Pt_x1
13C-1,2,3,7,8-PeCDF
          22.11

22.65
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

8

16

24

32

40

48

56

64

72

80

88

Y
 ( 

X
10

00
00

0)

F2:m/z     339.8597:SG5Pt_x1

2,3,4,7,8-PeCDF
          23.461,2,3,7,8-PeCDF

          22.14

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

5

10

15

20

25

30

35

40

45

50

55

Y
 ( 

X
10

00
00

0)

F2:m/z     341.8567:SG5Pt_x1

2,3,4,7,8-PeCDF
          23.46

1,2,3,7,8-PeCDF
          22.14

PeCDF Interference Mass

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
)

F2:m/z     409.7974:SG5Pt_x1

25.32

Page 931 of 1153



Report Date: 13-Dec-2019 08:02:47 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

0)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.17

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

4

8

12

16

20

24

28

32

Y
 ( 

X
10

00
00

0)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.17

22.43

PeCDD Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
00

0)

F2:m/z     367.8949:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.15

22.14

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F2:m/z     369.8919:SG5Pt_x1
13C-1,2,3,7,8-PeCDD
          24.15

22.15
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

00
) F3:m/z     373.8208:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.38

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          31.38

HxCDF Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.20

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

6

13

20

27

34

41

48

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDF
          32.20

Page 933 of 1153



Report Date: 13-Dec-2019 08:02:47 Chrom Revision: 2.3  02-Dec-2019 08:23:04
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

00
)

F3:m/z     373.8208:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.38

1,2,3,6,7,8-HxCDF
          30.50

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

7

15

23

31

39

47

55

63

71

79

87

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.38

1,2,3,6,7,8-HxCDF
          30.50

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
)

F3:m/z     445.7555:SG5Pt_x1
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Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
00

0)

F3:m/z     389.8157:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          32.02

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

9

19

29

39

49

59

69

Y
 ( 

X
10

00
00

0)

F3:m/z     391.8127:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          32.02

HxCDD Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

5

11

17

23

29

35

41

47

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          32.00

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          32.00
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

00
) F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.73

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

00
) F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.73

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.65

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

7

15

23

31

39

47

55

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.65
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

00
)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.73

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

00
)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.66

1,2,3,4,7,8,9-HpCDF
          34.73

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1
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Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

11

23

35

47

59

71

83

Y
 ( 

X
10

00
00

0)

F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.45

Non-2,3,7,8-sub-HpCDD
          33.91

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

10

21

32

43

54

65

76

Y
 ( 

X
10

00
00

0)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.45

Non-2,3,7,8-sub-HpCDD
          33.91

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.44

33.90

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.44

33.90
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Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.5 35.8 36.1 36.4 36.7 37.0 37.3 37.6 37.9 38.2 38.5 38.8 39.1 39.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

00
) F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.87

35.5 35.8 36.1 36.4 36.7 37.0 37.3 37.6 37.9 38.2 38.5 38.8 39.1 39.4
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

00
) F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.87

OCDF Standards

35.5 35.8 36.1 36.4 36.7 37.0 37.3 37.6 37.9 38.2 38.5 38.8 39.1 39.4
Min

-1

4

9

14

19

24

29

34

39

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.77

35.5 35.8 36.1 36.4 36.7 37.0 37.3 37.6 37.9 38.2 38.5 38.8 39.1 39.4
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.77
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Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.5 35.8 36.1 36.4 36.7 37.0 37.3 37.6 37.9 38.2 38.5 38.8 39.1 39.4
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

00
)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.87

35.5 35.8 36.1 36.4 36.7 37.0 37.3 37.6 37.9 38.2 38.5 38.8 39.1 39.4
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

00
)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.87

OCDF Interference Mass

35.5 35.8 36.1 36.4 36.7 37.0 37.3 37.6 37.9 38.2 38.5 38.8 39.1 39.4
Min

0

4

8

12

16

20

24

28

32

36

40

Y
 ( 

X
10

00
)

F5:m/z     513.6775:SG5Pt_x1
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Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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  36.77
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Report Date: 13-Dec-2019 08:02:48 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
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Report Date: 13-Dec-2019 08:02:48 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_9.d
Injection Date: 12-Dec-2019 16:24:09 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID: ICV
Worklist#: 345037 Sample Line#: 9
Column Type: DB-5 Column Dia:  0.32 mm
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F5:m/z     442.9728:SG5Pt_x1
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

DIOXIN CONTINUING CALIBRATION DATA

0.32(mm)

320-56953-1

3D5

12/19/2019  11:48

12/12/2019  11:28

12/12/2019  14:39

CCV 320-346752/2

DB-5

Eurofins TestAmerica, Sacramento

Lab File ID: 19DE193D5_2.d Conc. Units: pg/uL

ANALYTE CURVE
TYPE

AVE RRF RRF MIN RRF CALC
AMOUNT

SPIKE
AMOUNT

%REC %REC
LIMITS

2,3,7,8-TCDF AveID 0.9502 1.039 10.9 10.0 109 84-120

2,3,7,8-TCDD AveID 1.048 1.016 9.69 10.0 97 78-129

1,2,3,7,8-PeCDF AveID 1.030 1.029 49.9 50.0 100 82-120

2,3,4,7,8-PeCDF AveID 1.041 1.015 48.7 50.0 97 82-122

1,2,3,7,8-PeCDD AveID 1.086 1.073 49.4 50.0 99 78-130

1,2,3,4,7,8-HxCDF AveID 1.147 1.125 49.0 50.0 98 90-112

1,2,3,6,7,8-HxCDF AveID 1.145 1.157 50.5 50.0 101 88-114

2,3,4,6,7,8-HxCDF AveID 1.173 1.191 50.8 50.0 102 88-114

1,2,3,4,7,8-HxCDD AveID 1.093 1.020 46.6 50.0 93 78-128

1,2,3,6,7,8-HxCDD AveID 1.043 1.021 48.9 50.0 98 78-128

1,2,3,7,8,9-HxCDD AveID 1.207 1.177 48.7 50.0 97 82-122

1,2,3,7,8,9-HxCDF AveID 1.172 1.218 52.0 50.0 104 90-112

1,2,3,4,6,7,8-HpCDF AveID 1.480 1.540 52.0 50.0 104 90-110

1,2,3,4,6,7,8-HpCDD AveID 1.054 1.027 48.7 50.0 97 86-116

1,2,3,4,7,8,9-HpCDF AveID 1.293 1.315 50.8 50.0 102 86-116

OCDD AveID 1.136 1.084 95.4 100 95 79-126

OCDF AveID 1.394 1.374 98.6 100 99 63-159

13C-2,3,7,8-TCDF Ave 1.416 1.407 99.4 100 99 71-140

13C-2,3,7,8-TCDD Ave 0.9751 0.9453 96.9 100 97 82-121

13C-1,2,3,7,8-PeCDF Ave 1.179 1.106 93.8 100 94 76-130

13C-2,3,4,7,8-PeCDF Ave 1.131 1.088 96.2 100 96 77-130

13C-1,2,3,7,8-PeCDD Ave 0.7572 0.6866 90.7 100 91 62-160

13C-1,2,3,4,7,8-HxCDF Ave 1.104 1.073 97.2 100 97 76-131

13C-1,2,3,6,7,8-HxCDF Ave 1.147 1.111 96.8 100 97 70-143

13C-2,3,4,6,7,8-HxCDF Ave 1.077 1.025 95.2 100 95 73-137

13C-1,2,3,4,7,8-HxCDD Ave 0.7962 0.7732 97.1 100 97 85-117

13C-1,2,3,6,7,8-HxCDD Ave 0.8720 0.8719 100 100 100 85-118

13C-1,2,3,7,8,9-HxCDF Ave 1.011 0.9079 89.8 100 90 74-135

13C-1,2,3,4,6,7,8-HpCDF Ave 0.7577 0.7279 96.1 100 96 78-129

13C-1,2,3,4,6,7,8-HpCDD Ave 0.7058 0.6816 96.6 100 97 72-138

13C-1,2,3,4,7,8,9-HpCDF Ave 0.6941 0.6801 98.0 100 98 77-129

13C-OCDD Ave 0.4603 0.4599 200 200 100 48-208

37Cl4-2,3,7,8-TCDD Ave 1.348 1.453 10.8 10.0 108 79-127

FORM VII 1613B
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Report Date: 19-Dec-2019 22:35:11 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 19-Dec-2019 11:48:33 ALS Bottle#: 2 Worklist Smp#: 2
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CCV  121919  CCV  HRDXNL4_00086
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 19-Dec-2019 22:35:11 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0306

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.612  190109938 0.79  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.113  267478285 0.82   1.4157        99.4        99.4   0.2202   0.2202  99.38
  2,3,7,8-TCDF 17.128   27801679 0.79   0.9502        10.9        10.9   0.0589   0.0589    109
A Non-2,3,7,8-sub-TCDF 16.811   0.0589   0.0589
S Total TCDF        10.9        10.9   0.0589   0.0589

D 13C-2,3,7,8-TCDD 17.793  179707926 0.80   0.9751        96.9        96.9   0.2878   0.2878  96.94
  2,3,7,8-TCDD 17.823   18250435 0.79   1.0477       9.693       9.693   0.0525   0.0525  96.93
$ 37Cl4-2,3,7,8-TCDD 17.823   27622912   1.3480        10.8        10.8   0.0287   0.0287    108

A Non-2,3,7,8-sub-TCDD 17.249   0.0525   0.0525
S Total TCDD       9.693       9.693   0.0525   0.0525

D 13C-1,2,3,7,8-PeCDF 22.018  210242866 1.59   1.1786        93.8        93.8   0.2919   0.2919  93.83
  1,2,3,7,8-PeCDF 22.045  108155590 1.58   1.0302        49.9        49.9   0.2270   0.2270  99.87
D 13C-2,3,4,7,8-PeCDF 23.341  206857901 1.58   1.1308        96.2        96.2   0.3043   0.3043  96.23
  2,3,4,7,8-PeCDF 23.355  104948732 1.60   1.0410        48.7        48.7   0.2421   0.2421  97.48
A F1 PeCDFs 19.774   0.0436   0.0436
A Non-2,3,7,8-sub-PeCDF 22.858   0.2343   0.2343
S Total PeCDF        98.7        98.7   0.2345   0.2345

D 13C-1,2,3,7,8-PeCDD 24.050  130520869 1.57   0.7572        90.7        90.7   0.1612   0.1612  90.67
  1,2,3,7,8-PeCDD 24.077   70002006 1.63   1.0855        49.4        49.4   0.1281   0.1281  98.82
A Non-2,3,7,8-sub-PeCDD 22.973   0.1281   0.1281
S Total PeCDD        49.4        49.4   0.1281   0.1281

D 13C-1,2,3,4,7,8-HxCDF 30.193  180478007 0.51   1.1043        97.2        97.2   0.4011   0.4011  97.16
  1,2,3,4,7,8-HxCDF 30.206  101537285 1.20   1.1472        49.0        49.0   0.3136   0.3136  98.08
D 13C-1,2,3,6,7,8-HxCDF 30.406  186859600 0.52   1.1470        96.8        96.8   0.3861   0.3861  96.84
  1,2,3,6,7,8-HxCDF 30.420  108137905 1.25   1.1450        50.5        50.5   0.3072   0.3072    101
D 13C-2,3,4,6,7,8-HxCDF 31.312  172387115 0.52   1.0769        95.2        95.2   0.4113   0.4113  95.16
  2,3,4,6,7,8-HxCDF 31.325  102623177 1.25   1.1726        50.8        50.8   0.2341   0.2341    102
D 13C-1,2,3,7,8,9-HxCDF 32.151  152728239 0.52   1.0115        89.8        89.8   0.4379   0.4379  89.76
  1,2,3,7,8,9-HxCDF 32.164   93008869 1.23   1.1717        52.0        52.0   0.2431   0.2431    104
A Non-2,3,7,8-sub-HxCDF 29.880   0.2701   0.2701
S Total HxCDF       202.3       202.3   0.2745   0.2745
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Report Date: 19-Dec-2019 22:35:11 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 31.964  168220374 1.30  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.511  130069847 1.26   0.7962        97.1        97.1   0.3410   0.3410  97.11
  1,2,3,4,7,8-HxCDD 31.525   66325004 1.25   1.0934        46.6        46.6   0.1671   0.1671  93.27
D 13C-1,2,3,6,7,8-HxCDD 31.618  146663009 1.23   0.8720       100.0       100.0   0.3113   0.3113  99.98
  1,2,3,6,7,8-HxCDD 31.631   74850288 1.25   1.0429        48.9        48.9   0.1666   0.1666  97.87
  1,2,3,7,8,9-HxCDD 31.977   81419387 1.28   1.2073        48.7        48.7   0.1475   0.1475  97.48
A Non-2,3,7,8-sub-HxCDD 30.519   0.1598   0.1598
S Total HxCDD       144.3       144.3   0.1604   0.1604

D 13C-1,2,3,4,6,7,8-HpCDF 33.628  122442013 0.44   0.7577        96.1        96.1    1.337    1.337  96.07
  1,2,3,4,6,7,8-HpCDF 33.628   94303089 1.02   1.4804        52.0        52.0   0.4713   0.4713    104
D 13C-1,2,3,4,7,8,9-HpCDF 34.697  114408775 0.44   0.6941        98.0        98.0    1.459    1.459  97.98
  1,2,3,4,7,8,9-HpCDF 34.709   75215728 1.06   1.2933        50.8        50.8   0.6327   0.6327    102
A Non-2,3,7,8-sub-HpCDF 34.169   0.5431   0.5431
S Total HpCDF       102.9       102.9   0.5520   0.5520

D 13C-1,2,3,4,6,7,8-HpCDD 34.418  114660451 1.05   0.7058        96.6        96.6   0.5364   0.5364  96.57
  1,2,3,4,6,7,8-HpCDD 34.418   58858835 1.06   1.0535        48.7        48.7   0.2644   0.2644  97.45
A Non-2,3,7,8-sub-HpCDD 34.144   0.2644   0.2644
S Total HpCDD        48.7        48.7   0.2644   0.2644

D 13C-OCDD 36.734  154715041 0.93   0.4603       199.8       199.8   0.2410   0.2410  99.91
  OCDF 36.830  106314575 0.91   1.3945        98.6        98.6   0.1257   0.1257  98.55
  OCDD 36.746   83855466 0.88   1.1362        95.4        95.4   0.1068   0.1068  95.41

Reagents:
HRDXNL4_00086 Amount Added:   1.00 Units: mL
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Lims ID: CCV                      
Client ID:
Sample Type: CCV
Inject. Date: 19-Dec-2019 11:48:33 ALS Bottle#: 2 Worklist Smp#: 2
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: CCV  121919  CCV  HRDXNL4_00086
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5
Sublist: chrom-Dioxin_3D5*sub1

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 19-Dec-2019 22:35:11 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0306

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.612 17.612    0   83760359   20678729  25735  64337    804
333.9339 17.612 17.612    0  106349579   26520078  27244  68110    973  0.79(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.113 17.113    0  0.972  120611411   29155945  33605  84012    868
317.9389 17.113 17.113    0  0.972  146866874   35220131  25256  63140   1395  0.82(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.128 17.128    0  1.001   12287817    3033772   4822  12055    629
305.8987 17.128 17.128    0  1.001   15513862    3784571   9587  23967    395  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF
303.9016 16.811    4822   12055
305.8987 16.811    9587   23967

13C-2,3,7,8-TCDD
331.9368 17.793 17.793    0  1.010   79967373   18205423  25735  64337    707
333.9339 17.793 17.793    0  1.010   99740553   23063315  27244  68110    847  0.80(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.823 17.823    0  1.002    8034482    1966467   5303  13257    371
321.8936 17.823 17.823    0  1.002   10215953    2401850   3781   9452    635  0.79(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.823 17.823    0  1.012   27622912    6469896   7312  18280    885

A Non-2,3,7,8-sub-TCDD
319.8965 17.249    5303   13257
321.8936 17.249    3781    9452

13C-1,2,3,7,8-PeCDF
351.9000 22.018 22.018    0  1.250  129205635   22789634  39330  98325    579
353.8970 22.018 22.018    0  1.250   81037231   14458978  25626  64065    564  1.59(1.32-1.78)
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDF
339.8597 22.045 22.045    0  1.001   66211895   11535241  19652  49130    587
341.8567 22.045 22.045    0  1.001   41943695    7562903  15193  37982    498  1.58(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.341 23.341    0  1.325  126734306   21167704  39330  98325    538
353.8970 23.341 23.341    0  1.325   80123595   13402160  25626  64065    523  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.355 23.355    0  1.001   64540854   10379068  19652  49130    528
341.8567 23.368 23.355    1  1.001   40407878    6527944  15193  37982    430  1.60(1.32-1.78)

A F1 PeCDFs
339.8597 19.774    1741    4352
341.8567 19.774    4740   11850

A Non-2,3,7,8-sub-PeCDF
339.8597 22.858   19652   49130
341.8567 22.858   15193   37982

13C-1,2,3,7,8-PeCDD
367.8949 24.050 24.050    0  1.366   79808792   12633590  15189  37972    832
369.8919 24.050 24.050    0  1.366   50712077    8060147   7858  19645   1026  1.57(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.077 24.077    0  1.001   43419898    6544403   7043  17607    929
357.8516 24.077 24.077    0  1.001   26582108    3997276   4471  11177    894  1.63(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 22.973    7043   17607
357.8516 22.973    4471   11177

13C-1,2,3,4,7,8-HxCDF
383.8639 30.193 30.193    0  0.945   61052125    9899331  22800  57000    434
385.8610 30.193 30.193    0  0.945  119425882   18763424  47944 119860    391  0.51(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.206 30.206    0  1.000   55417307    8963753  22924  57310    391
375.8178 30.220 30.206    1  1.001   46119978    7510333  18323  45807    410  1.20(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.406 30.406    0  0.951   63699121   10076575  22800  57000    442
385.8610 30.406 30.406    0  0.951  123160479   19237149  47944 119860    401  0.52(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.420 30.420    0  1.000   60004066    9943402  22924  57310    434
375.8178 30.420 30.420    0  1.000   48133839    7883445  18323  45807    430  1.25(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.312 31.312    0  0.980   59224404   13097635  22800  57000    574
385.8610 31.298 31.312   -1  0.979  113162711   24473454  47944 119860    510  0.52(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.325 31.325    0  1.000   56961237   12681275  22924  57310    553
375.8178 31.325 31.325    0  1.000   45661940   10218728  18323  45807    558  1.25(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.151 32.151    0  1.006   52408949   12680722  22800  57000    556
385.8610 32.151 32.151    0  1.006  100319290   23525333  47944 119860    491  0.52(0.43-0.59)
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8,9-HxCDF
373.8208 32.164 32.164    0  1.000   51307260   12037347  22924  57310    525
375.8178 32.164 32.164    0  1.000   41701609    9895769  18323  45807    540  1.23(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 29.880   22924   57310
375.8178 29.880   18323   45807

13C-1,2,3,7,8,9-HxCDD
401.8559 31.964 31.964    0   95103871   22619347  22694  56735    997
403.8529 31.964 31.964    0   73116503   17313706  20669  51672    838  1.30(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.511 31.511    0  0.986   72587586   18037409  22694  56735    795
403.8529 31.511 31.511    0  0.986   57482261   14134652  20669  51672    684  1.26(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.525 31.525    0  1.000   36898520    9412802  13322  33305    707
391.8127 31.525 31.525    0  1.000   29426484    7335121  10192  25480    720  1.25(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 31.618 31.618    0  0.989   80895093   18552000  22694  56735    817
403.8529 31.618 31.618    0  0.989   65767916   15275491  20669  51672    739  1.23(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.631 31.631    0  1.000   41557955    9300694  13322  33305    698
391.8127 31.631 31.631    0  1.000   33292333    7501361  10192  25480    736  1.25(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.977 31.977    0  1.015   45688751   11020643  13322  33305    827
391.8127 31.977 31.977    0  1.015   35730636    8648950  10192  25480    849  1.28(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8157 30.519   13322   33305
391.8127 30.519   10192   25480

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.628 33.628    0  1.052   37668161   11814549  64890 162225    182
419.8220 33.628 33.628    0  1.052   84773852   26406624  96885 242212    273  0.44(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.628 33.628    0  1.000   47684098   14784146  55489 138722    266
409.7789 33.628 33.628    0  1.000   46618991   14777038  51185 127962    289  1.02(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.697 34.697    0  1.086   34798637    9932844  64890 162225    153
419.8220 34.697 34.697    0  1.086   79610138   22659165  96885 242212    234  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.709 34.709    0  1.000   38671039   10915384  55489 138722    197
409.7789 34.709 34.709    0  1.000   36544689   10363211  51185 127962    202  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7818 34.169   55489  138722
409.7789 34.169   51185  127962

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.418 34.418    0  1.077   58640381   16636733  31223  78057    533
437.8140 34.405 34.418   -1  1.076   56020070   16139621  29251  73127    552  1.05(0.88-1.20)
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,7,8-HpCDD
423.7766 34.418 34.418    0  1.000   30246762    8729219  20430  51075    427
425.7737 34.418 34.418    0  1.000   28612073    8473479  16091  40227    527  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7766 34.144   20430   51075
425.7737 34.144   16091   40227

13C-OCDD
469.7779 36.734 36.734    0  1.149   74703905   18569423   8151  20377   2278
471.7750 36.734 36.734    0  1.149   80011136   19914005   9564  23910   2082  0.93(0.76-1.02)

OCDF
441.7428 36.830 36.830    0  1.003   50771614   12510802   6293  15732   1988
443.7399 36.830 36.830    0  1.003   55542961   13887533   7193  17982   1931  0.91(0.76-1.02)

OCDD
457.7377 36.746 36.746    0  1.000   39268844   10102417   5202  13005   1942
459.7348 36.746 36.746    0  1.000   44586622   11169545   4134  10335   2702  0.88(0.76-1.02)

Reagents:
HRDXNL4_00086 Amount Added:   1.00 Units: mL
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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TCDD Standards
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

6

13

20

27

34

41

48

55

62

69

76

Y
 ( 

X
10

00
00

)

F1:m/z     327.8847:SG5Pt_x1

37Cl4-2,3,7,8-TCDD
          17.82

37Cl4-TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.61

13C-2,3,7,8-TCDD
          17.79

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

17

20

23

26

29

32

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.61

13C-2,3,7,8-TCDD
          17.79

Page 967 of 1153



Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
00

)

F2:m/z     355.8546:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.08

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F2:m/z     357.8516:SG5Pt_x1
1,2,3,7,8-PeCDD
          24.08
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13C-1,2,3,7,8-PeCDD
          24.05

22.06
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min
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F3:m/z     373.8208:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          31.32
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F3:m/z     375.8178:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          31.32

HxCDF Standards
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F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.15
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F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.15
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.32

1,2,3,6,7,8-HxCDF
          30.42

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min
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Y
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X
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00
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0)

F3:m/z     375.8178:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.32

1,2,3,6,7,8-HxCDF
          30.42

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

27
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35

Y
 ( 

X
10

00
)

F3:m/z     445.7555:SG5Pt_x1

31.20
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0
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8

10

12

14

Y
 ( 

X
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00
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0)

F3:m/z     389.8157:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          31.98
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F3:m/z     391.8127:SG5Pt_x1
1,2,3,7,8,9-HxCDD
          31.98

HxCDD Standards
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F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.96
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F3:m/z     403.8529:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.96
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2
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8
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14

17

Y
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X
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0)

F4:m/z     407.7818:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.71

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
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F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.71

HpCDF Standards
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F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.63
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F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.63
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9
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15

17
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Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.71

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min
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Y
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X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.71

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min
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F4:m/z     479.7165:SG5Pt_x1
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min
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7

9

11

Y
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X
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0)

F4:m/z     423.7766:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          34.42
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F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          34.42

HpCDD Standards
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F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.42
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F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.41
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
OCDF
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F5:m/z     441.7428:SG5Pt_x1
OCDF
  36.83

40.02
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F5:m/z     443.7399:SG5Pt_x1
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  36.83
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F5:m/z     469.7779:SG5Pt_x1
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F5:m/z     471.7750:SG5Pt_x1
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  36.73

37.60
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
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F5:m/z     441.7428:SG5Pt_x1
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F5:m/z     443.7399:SG5Pt_x1
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  36.83

OCDF Interference Mass
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F5:m/z     513.6775:SG5Pt_x1

35.76

43.28
37.84 45.2141.4439.12
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
OCDD
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F5:m/z     457.7377:SG5Pt_x1
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F5:m/z     459.7348:SG5Pt_x1
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OCDD Standards
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F5:m/z     471.7750:SG5Pt_x1
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Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm
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F1:m/z     330.9792:SG5Pt_x1
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F3:m/z     380.9760:SG5Pt_x1
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F4:m/z     430.9729:SG5Pt_x1

Page 982 of 1153



Report Date: 19-Dec-2019 22:35:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_2.d
Injection Date: 19-Dec-2019 11:48:33 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 2
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min
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F5:m/z     442.9728:SG5Pt_x1
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 02-Aug-2019 01:35:28 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:55:43 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:42:14

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 16.622   61074380 0.81   1.3379   0.00
  2,3,7,8-TCDF 16.636   61037608 0.79   0.8389        47.7        47.7   0.1209   0.1209
D 13C-2,3,7,8-TCDD 15.154   40433427 0.78   0.9388   0.00
  2,3,7,8-TCDD 15.182   44564745 0.76   1.1538        38.2        38.2   0.1633   0.1633
S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNCP_00038 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 02-Aug-2019 01:35:28 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 02-Aug-2019 11:55:43 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0326

First Level Reviewer: arghestanis Date: 02-Aug-2019 09:42:14

Signal
RT

(min.)
Adj RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 16.622 16.580    3  1.000   27419709    5797675  45703 114257    127
317.9389 16.622 16.580    3  1.000   33654671    7331370  15961  39902    459  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.636 16.599    2  1.001   26963677    5682254   5764  14410    986
305.8987 16.636 16.599    2  1.001   34073931    7516270   7547  18867    996  0.79(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.154 15.136    1  1.000   17780107    4066450  14178  35445    287
333.9339 15.154 15.136    1  1.000   22653320    5347910   7990  19975    669  0.78(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.182 15.156    2  1.002   19294731    4574819   7190  17975    636
321.8936 15.182 15.156    2  1.002   25270014    5985037  10548  26370    567  0.76(0.65-0.89)

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNCP_00038 Amount Added:   1.00 Units: mL
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

0)

F1:m/z     303.9016:SG5Pt_x1

F 2,3,7,8-TCDF

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1

F 2,3,7,8-TCDF

TCDF Interference Mass

9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0 17.0 18.0 19.0 20.0 21.0 22.0 23.0 24.0 25.0 26.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
00

)

F1:m/z     303.9016:SG5Pt_x1

Page 987 of 1153



Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 02-Aug-2019 11:55:58 Chrom Revision: 2.3  15-Jul-2019 06:58:08
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_001.d
Injection Date: 02-Aug-2019 01:35:28 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 312067 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
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Report Date: 20-Dec-2019 14:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_001.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 19-Dec-2019 16:13:15 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:38:26 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:32:35

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 16.567   96525313 0.79   1.3379   0.00
  2,3,7,8-TCDF 16.581   94020698 0.77   0.8389        46.4        46.4   0.0982   0.0982
D 13C-2,3,7,8-TCDD 15.127   60707877 0.74   0.9388   0.00
  2,3,7,8-TCDD 15.154   67545882 0.79   1.1538        38.6        38.6   0.0899   0.0899
S Total 2378-Chlorinated 0.000100 0.000100

Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 20-Dec-2019 14:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_001.d
Lims ID: CPS                      
Client ID:
Sample Type: CPS
Inject. Date: 19-Dec-2019 16:13:15 ALS Bottle#: 0 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info:
Misc. Info.: DB225RES
Operator ID: Instrument ID: 11D2

Method: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\DXN_DB225_11D2.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:38:26 Calib Date: 02-Aug-2019 05:25:19
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\11D2\20190802-80524.b\02AU1911D2_007.d

Column 1 : DB-225 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0340

First Level Reviewer: shardaa Date: 20-Dec-2019 14:32:35

Signal
RT

(min.)
Adj RT
(min.)

N
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 16.567 16.567    0  1.000   42486838    8118015  22743  56857    357
317.9389 16.567 16.567    0  1.000   54038475   10438542  12777  31942    817  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 16.581 16.581    0  1.001   40862758    7756751   6437  16092   1205
305.8987 16.581 16.581    0  1.001   53157940   10297250   8845  22112   1164  0.77(0.65-0.89)

13C-2,3,7,8-TCDD
331.9368 15.127 15.127    0  1.000   25785484    5581253  16044  40110    348
333.9339 15.127 15.127    0  1.000   34922393    7335742   5050  12625   1453  0.74(0.65-0.89)

2,3,7,8-TCDD
319.8965 15.154 15.154    0  1.002   29812010    6492502   7088  17720    916
321.8936 15.154 15.154    0  1.002   37733872    8210678   6305  15762   1302  0.79(0.65-0.89)

Total 2378-Chlorinated Dioxins & Furans
        0.0    0

Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 20-Dec-2019 14:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_001.d
Injection Date: 19-Dec-2019 16:13:15 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346764 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 20-Dec-2019 14:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_001.d
Injection Date: 19-Dec-2019 16:13:15 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346764 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDF
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Report Date: 20-Dec-2019 14:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_001.d
Injection Date: 19-Dec-2019 16:13:15 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346764 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
TCDD
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Report Date: 20-Dec-2019 14:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_001.d
Injection Date: 19-Dec-2019 16:13:15 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346764 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 20-Dec-2019 14:38:26 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\11D2\20191219-88591.b\19DE19A11D2_001.d
Injection Date: 19-Dec-2019 16:13:15 Injection Vol: 2.0 ul
Instrument ID: 11D2 Operator ID:
Method: DXN_DB225_11D2 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346764 Sample Line#: 1
Column Type: DB-225 Column Dia:  0.32 mm
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 12-Dec-2019 09:53:45 ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: WDM  121219  WDM  HRDXNCP_00040
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 16:14:37 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 13:30:53

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 17.128  127262064 0.77   1.4157   0.00
  2,3,7,8-TCDF 17.158  263129063 0.79   0.9502        87.0        87.0   0.2769   0.2769
A Non-2,3,7,8-sub-TCDF 16.841   0.2769   0.2769
S Total TCDF        87.0        87.0   0.2769   0.2769

D 13C-2,3,7,8-TCDD 17.823   83918301 0.81   0.9751   0.00
  2,3,7,8-TCDD 17.839   96063981 0.84   1.0477        43.7        43.7   0.1837   0.1837
A Non-2,3,7,8-sub-TCDD 17.294   0.1837   0.1837
S Total TCDD        43.7        43.7   0.1837   0.1837

A F1 PeCDFs 19.797      0.0      0.0
A Non-2,3,7,8-sub-PeCDF 22.906     699418 1.55   0.0000  RQ
S Total PeCDF  RQ

A Non-2,3,7,8-sub-PeCDD 23.055      0.0      0.0
S Total PeCDD

A Non-2,3,7,8-sub-HxCDF 29.954      0.0      0.0
S Total HxCDF

A Non-2,3,7,8-sub-HxCDD 30.606     975403 1.10   0.0000
S Total HxCDD

  1,2,3,4,6,7,8-HpCDF 33.652   85575299 1.06   1.4804
  1,2,3,4,7,8,9-HpCDF 34.734   66049853 1.05   1.2933
A Non-2,3,7,8-sub-HpCDF 34.193      0.0      0.0
S Total HpCDF

  1,2,3,4,6,7,8-HpCDD 34.442   56071825 1.05   1.0535
A Non-2,3,7,8-sub-HpCDD 34.169      0.0      0.0
S Total HpCDD

  1,3,6,8-TCDF 14.739  152729299 0.79
  1,3,6,8-TCDD 15.646   93181896 0.82
  2,3,4,7-TCDF 17.158  264257783 0.79
  1,2,3,7-TCDD 17.733   79509134 0.81
  1,2,3,9-TCDF 18.005  117218156 0.79
  1,2,3,9-TCDD 18.005   96743759 0.79
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,2,8,9-TCDD 18.942   39950453
  1,2,8,9-TCDF 18.942  121282488 0.80
  1,3,4,6,8-PeCDF 19.215  113228104 1.55
  1,2,4,7,9-PeCDD 20.968   80076952 1.58
  1,2,3,8,9-PeCDD 25.141   77274517 1.55
  1,2,3,8,9-PeCDF 25.359   59233102
  1,2,3,4,6,8-HxCDF 27.610  106714677 1.23
  1,2,4,6,7,9-HxCDD 29.154   76434618 1.28
  1,2,3,4,6,7-HxCDD 31.964   74354267 1.24
  1,2,3,4,8,9-HxCDF 32.297   93711685 1.19
  1,2,3,4,6,7,9-HpCDD 33.895   64380977 1.07

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 12-Dec-2019 09:53:45 ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: WDM  121219  WDM  HRDXNCP_00040
Misc. Info.: 12DE193D5
Operator ID:  KSS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 12-Dec-2019 16:14:37 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0325

First Level Reviewer: stephensk Date: 12-Dec-2019 13:30:53

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 17.128 17.128    0  1.000   55391571   14476889  26131  65327    554
317.9389 17.128 17.128    0  1.000   71870493   18784490  16410  41025   1145  0.77(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.158 17.176   -1  1.002  116146866   26302637  39398  98495    668
305.8987 17.158 17.176   -1  1.002  146982197   32817476  48110 120275    682  0.79(0.65-0.89)

A Non-2,3,7,8-sub-TCDF
303.9016 16.841   39398   98495
305.8987 16.841   48110  120275

13C-2,3,7,8-TCDD
331.9368 17.823 17.823    0  1.000   37518186    9279196  19208  48020    483
333.9339 17.823 17.823    0  1.000   46400115   11326582   8196  20490   1382  0.81(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.839 17.872   -2  1.001   43772044   10422211  17517  43792    595
321.8936 17.839 17.872   -2  1.001   52291937   12390443  22141  55352    560  0.84(0.65-0.89)

A Non-2,3,7,8-sub-TCDD
319.8965 17.294   17517   43792
321.8936 17.294   22141   55352

A F1 PeCDFs
339.8597 19.797    5477   13692
341.8567 19.797    7870   19675

A Non-2,3,7,8-sub-PeCDF RQ

339.8597 22.128 22.906  -47  1.000     425137      57000   8590  21475      7
341.8567 22.114 22.906  -47  1.000     338200      46155   8489  21222      5  1.26(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 23.055   11276   28190
357.8516 23.055    5626   14065
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HxCDF
373.8208 29.954   13878   34695
375.8178 29.954   12101   30252

A Non-2,3,7,8-sub-HxCDD

389.8157 30.766 30.606   10  1.000     511512     109721  13941  34852      8
391.8127 30.766 30.606   10  1.000     463891      93172   9728  24320     10  1.10(1.05-1.43)

1,2,3,4,6,7,8-HpCDF
407.7818 33.652 33.659    0  1.000   44070684   15770421  35193  87982    448
409.7789 33.652 33.659    0  1.000   41504615   14258181  29457  73642    484  1.06(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7818 34.734 34.736    0  1.000   33851090   10387359  35193  87982    295
409.7789 34.734 34.736    0  1.000   32198763    9789877  29457  73642    332  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7818 34.193   35193   87982
409.7789 34.193   29457   73642

1,2,3,4,6,7,8-HpCDD
423.7766 34.442 34.449    0  1.000   28661323    9249103  22089  55222    419
425.7737 34.442 34.449    0  1.000   27410502    8942138  26825  67062    333  1.05(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7766 34.169   22089   55222
425.7737 34.169   26825   67062

1,3,6,8-TCDF
303.9016 14.739 14.739    0   67346174   20833360  39398  98495    529
305.8987 14.739 14.739    0   85383125   26683564  48110 120275    555  0.79(0.65-0.89)

1,3,6,8-TCDD
319.8965 15.646 15.646    0   41917759   12260823  17517  43792    700
321.8936 15.646 15.646    0   51264137   15767472  22141  55352    712  0.82(0.65-0.89)

2,3,4,7-TCDF
303.9016 17.158 17.158    0  116632069   26335155  39398  98495    668
305.8987 17.158 17.158    0  147625714   32857354  48110 120275    683  0.79(0.65-0.89)

1,2,3,7-TCDD
319.8965 17.733 17.733    0   35468173    9106870  17517  43792    520
321.8936 17.733 17.733    0   44040961   11053343  22141  55352    499  0.81(0.65-0.89)

1,2,3,9-TCDF
303.9016 18.005 18.005    0   51564633   12704415  39398  98495    322
305.8987 18.005 18.005    0   65653523   15836881  48110 120275    329  0.79(0.65-0.89)

1,2,3,9-TCDD
319.8965 18.005 18.005    0   42573078   10058662  17517  43792    574
321.8936 18.005 18.005    0   54170681   12706888  22141  55352    574  0.79(0.65-0.89)

1,2,8,9-TCDD
319.8965 18.942 18.942    0   39950453    9266410  17517  43792    529

1,2,8,9-TCDF
303.9016 18.942 18.942    0   53748413   12558434  39398  98495    319
305.8987 18.942 18.942    0   67534075   16014900  48110 120275    333  0.80(0.65-0.89)

1,3,4,6,8-PeCDF
339.8597 19.215 19.215    0   68807915   15607029   5477  13692   2850
341.8567 19.215 19.215    0   44420189   10153978   7870  19675   1290  1.55(1.32-1.78)
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,4,7,9-PeCDD
355.8546 20.968 20.968    0   49021885    8823043  11276  28190    782
357.8516 20.968 20.968    0   31055067    5580555   5626  14065    992  1.58(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 25.141 25.141    0   46950877    6770234  11276  28190    600
357.8516 25.141 25.141    0   30323640    4445979   5626  14065    790  1.55(1.32-1.78)

1,2,3,8,9-PeCDF
339.8597 25.359 25.359    0   59233102    8224157   8590  21475    957

1,2,3,4,6,8-HxCDF
373.8208 27.610 27.610    0   58886748    7619812  13878  34695    549
375.8178 27.597 27.610   -1   47827929    6267357  12101  30252    518  1.23(1.05-1.43)

1,2,4,6,7,9-HxCDD
389.8157 29.154 29.154    0   42845579    5122739  13941  34852    367
391.8127 29.154 29.154    0   33589039    4084048   9728  24320    420  1.28(1.05-1.43)

1,2,3,4,6,7-HxCDD
389.8157 31.964 31.964    0   41163973   11069026  13941  34852    794
391.8127 31.964 31.964    0   33190294    8796454   9728  24320    904  1.24(1.05-1.43)

1,2,3,4,8,9-HxCDF
373.8208 32.297 32.297    0   50881816   13799129  13878  34695    994
375.8178 32.284 32.297   -1   42829869   11639611  12101  30252    962  1.19(1.05-1.43)

1,2,3,4,6,7,9-HpCDD
423.7766 33.895 33.895    0   33226407   11501978  22089  55222    521
425.7737 33.895 33.895    0   31154570   10694340  26825  67062    399  1.07(0.88-1.20)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Lims ID: WDM
Client ID:
Inject. Date: 12-Dec-2019 09:53:45 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: 3D5 Operator:  KSS
Lims Batch ID: 345037 Lims Sample ID: 1

Non-2,3,7,8-sub-PeCDF, RT: 22.906

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030
  2,3,4,7,8-PeCDF                    1.041
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

22.128            425137             57000            338200             46155 1.26 R
Signal Totals:

           425137             57000            338200             46155
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           763337            103155 1.26 RQ
           699418             93774 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (763337 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (699418 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Lims ID: WDM
Client ID:
Inject. Date: 12-Dec-2019 09:53:45 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: 3D5 Operator:  KSS
Lims Batch ID: 345037 Lims Sample ID: 1

Non-2,3,7,8-sub-HxCDD, RT: 30.606

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,7,8-HxCDD                  1.093
  1,2,3,6,7,8-HxCDD                  1.043
  1,2,3,7,8,9-HxCDD                  1.207
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
389.8157

Area
389.8157

Height
391.8127

Area
391.8127

Height
Amount

Ratio Flags

30.766            511512            109721            463891             93172 1.10
Signal Totals:

           511512            109721            463891             93172
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           975403            202893 1.10

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (975403 * 0.0) / (0 * 0.000)
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

0)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          14.74

2,3,4,7-TCDF
          17.16

1,2,3,9-TCDF
          18.00 L 1,2,8,9-TCDF

          18.94

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          14.74

2,3,4,7-TCDF
          17.16

1,2,3,9-TCDF
          18.00

L 1,2,8,9-TCDF
          18.94

TCDF Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          17.13

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F1:m/z     317.9389:SG5Pt_x1

13C-2,3,7,8-TCDF
          17.13
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

17

20

23

26

29

32

Y
 ( 

X
10

00
00

0)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          14.74

2,3,4,7-TCDF
          17.16

1,2,3,9-TCDF
          18.00 L 1,2,8,9-TCDF

          18.94

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

27

31

35

39

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          14.74

2,3,4,7-TCDF
          17.16

1,2,3,9-TCDF
          18.00

L 1,2,8,9-TCDF
          18.94

TCDF Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1

20.26

18.1915.92 17.54
14.68

19.50
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F1:m/z     319.8965:SG5Pt_x1

F 1,3,6,8-TCDD
          15.65 2,3,7,8-TCDD

          17.84 L 1,2,8,9-TCDD
          18.94

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F1:m/z     321.8936:SG5Pt_x1

F 1,3,6,8-TCDD
          15.65 1,2,3,9-TCDD

          18.00 L 1,2,8,9-TCDD
          18.94

TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.82

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.82
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

16

18

Y
 ( 

X
10

00
0)

F1:m/z     327.8847:SG5Pt_x1

15.65 18.00

18.94
17.72

37Cl4-TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.82

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.82
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

0)

F1:m/z     339.8597:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.21

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

Y
 ( 

X
10

00
00

0)

F1:m/z     341.8567:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.21
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

0)

F1:m/z     339.8597:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.21

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F1:m/z     341.8567:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.21

F1 PeCDFs Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
)

F1:m/z     409.7974:SG5Pt_x1
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

13

26

39

52

65

78

91

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          22.1320.72

L 1,2,3,8,9-PeCDF
          25.36

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          22.11

L 1,2,3,8,9-PeCDF
          25.36

PeCDF Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F2:m/z     351.9000:SG5Pt_x1

22.11
23.48

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
)

F2:m/z     353.8970:SG5Pt_x1

25.1522.11

20.98
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

9

18

27

36

45

54

63

72

81

90

99

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          22.1320.72

L 1,2,3,8,9-PeCDF
          25.36

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

6

12

18

24

30

36

42

48

54

60

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          22.11

L 1,2,3,8,9-PeCDF
          25.36

PeCDF Interference Mass

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

-1

2

5

8

11

14

17

20

23

26

Y
 ( 

X
10

00
)

F2:m/z     409.7974:SG5Pt_x1

22.54

22.15
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Report Date: 12-Dec-2019 16:14:38 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F2:m/z     355.8546:SG5Pt_x1

F 1,2,4,7,9-PeCDD
          20.97

L 1,2,3,8,9-PeCDD
          25.14

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

9

18

27

36

45

54

63

Y
 ( 

X
10

00
00

)

F2:m/z     357.8516:SG5Pt_x1
F 1,2,4,7,9-PeCDD
          20.97

L 1,2,3,8,9-PeCDD
          25.14

PeCDD Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
)

F2:m/z     367.8949:SG5Pt_x1

24.15

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
)

F2:m/z     369.8919:SG5Pt_x1

24.13
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Report Date: 12-Dec-2019 16:14:39 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.61

30.50

L 1,2,3,4,8,9-HxCDF
          32.30

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.60

L 1,2,3,4,8,9-HxCDF
          32.28

HxCDF Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

5

11

17

23

29

35

41

Y
 ( 

X
10

00
)

F3:m/z     383.8639:SG5Pt_x1

31.40

32.20

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
)

F3:m/z     385.8610:SG5Pt_x1
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Report Date: 12-Dec-2019 16:14:39 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

14

16

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.61

30.50

L 1,2,3,4,8,9-HxCDF
          32.30

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.60

L 1,2,3,4,8,9-HxCDF
          32.28

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
)

F3:m/z     445.7555:SG5Pt_x1

31.33
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Report Date: 12-Dec-2019 16:14:39 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.65

L 1,2,3,4,7,8,9-HpCDF
          34.73

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.65

L 1,2,3,4,7,8,9-HpCDF
          34.73

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

2

9

16

23

30

37

44

51

Y
 ( 

X
10

00
)

F4:m/z     417.8253:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

8

16

24

32

40

48

56

Y
 ( 

X
10

00
)

F4:m/z     419.8220:SG5Pt_x1

33.65

34.72
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Report Date: 12-Dec-2019 16:14:39 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

2

4

6

8

10

12

14

16

18

20

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.65

L 1,2,3,4,7,8,9-HpCDF
          34.73

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

15

17

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.65

L 1,2,3,4,7,8,9-HpCDF
          34.73

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

6

12

18

24

30

36

42

48

54

60

66

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 12-Dec-2019 16:14:39 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F4:m/z     423.7766:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          33.90

L 1,2,3,4,6,7,8-HpCDD
          34.44

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     425.7737:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          33.90 L 1,2,3,4,6,7,8-HpCDD

          34.44

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
)

F4:m/z     435.8169:SG5Pt_x1

34.43

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-2

3

8

13

18

23

28

33

Y
 ( 

X
10

00
)

F4:m/z     437.8140:SG5Pt_x1

34.44

34.61
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Report Date: 12-Dec-2019 16:14:39 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 12-Dec-2019 16:14:39 Chrom Revision: 2.3  02-Dec-2019 08:23:04
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_1.d
Injection Date: 12-Dec-2019 09:53:45 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  KSS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 345037 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1

Page 1020 of 1153



Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 19-Dec-2019 11:00:56 ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: WDM  121919  WDM  HRDXNCP_00040
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 19-Dec-2019 22:35:10 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0306

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

D 13C-2,3,7,8-TCDF 17.083  102056337 0.81   1.4157   0.00
  2,3,7,8-TCDF 17.113  225999402 0.80   0.9502        93.2        93.2   0.3558   0.3558
A Non-2,3,7,8-sub-TCDF 16.811   0.3558   0.3558
S Total TCDF        93.2        93.2   0.3558   0.3558

D 13C-2,3,7,8-TCDD 17.778   65013047 0.74   0.9751   0.00
  2,3,7,8-TCDD 17.793   75214742 0.83   1.0477        44.2        44.2   0.2341   0.2341
A Non-2,3,7,8-sub-TCDD 17.249   0.2341   0.2341
S Total TCDD        44.2        44.2   0.2341   0.2341

A F1 PeCDFs 19.774      0.0      0.0
A Non-2,3,7,8-sub-PeCDF 22.858     410379 1.55   0.0000  RQ
S Total PeCDF  RQ

A Non-2,3,7,8-sub-PeCDD 22.973      0.0      0.0
S Total PeCDD

A Non-2,3,7,8-sub-HxCDF 29.880      0.0      0.0
S Total HxCDF

A Non-2,3,7,8-sub-HxCDD 30.519      0.0      0.0
S Total HxCDD

  1,2,3,4,6,7,8-HpCDF 33.628   65839123 1.05   1.4804
  1,2,3,4,7,8,9-HpCDF 34.709   50666073 1.06   1.2933
A Non-2,3,7,8-sub-HpCDF 34.169      0.0      0.0
S Total HpCDF

  1,2,3,4,6,7,8-HpCDD 34.418   42581903 1.04   1.0535
A Non-2,3,7,8-sub-HpCDD 34.144      0.0      0.0
S Total HpCDD

  1,3,6,8-TCDF 14.724  128369926 0.80
  1,3,6,8-TCDD 15.616   77620620 0.76
  2,3,4,7-TCDF 17.113  225999402 0.80
  1,2,3,7-TCDD 17.688   66832735 0.80
  1,2,3,9-TCDF 17.960  100709920 0.80
  1,2,3,9-TCDD 17.960   81065189 0.82
  1,2,8,9-TCDD 18.882   31054707
  1,2,8,9-TCDF 18.897  101538312 0.79
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Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

  1,3,4,6,8-PeCDF 19.169   85947233 1.63
  1,2,4,7,9-PeCDD 20.900   61015847 1.59
  1,2,3,8,9-PeCDD 25.046   55065708 1.63
  1,2,3,8,9-PeCDF 25.264   45241963
  1,2,3,4,6,8-HxCDF 27.503   80625082 1.20
  1,2,4,6,7,9-HxCDD 29.048   58898514 1.29
  1,2,3,4,6,7-HxCDD 31.924   59265705 1.26
  1,2,3,4,8,9-HxCDF 32.257   74527189 1.21
  1,2,3,4,6,7,9-HpCDD 33.871   49744921 1.06

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d
Lims ID: WDM                      
Client ID:
Sample Type: WDM
Inject. Date: 19-Dec-2019 11:00:56 ALS Bottle#: 1 Worklist Smp#: 1
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: WDM  121919  WDM  HRDXNCP_00040
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 19-Dec-2019 22:35:10 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0306

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-2,3,7,8-TCDF
315.9419 17.083 17.083    0  1.000   45650472   11185329  19449  48622    575
317.9389 17.083 17.083    0  1.000   56405865   14153670  17548  43870    807  0.81(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.113 17.113    0  1.002  100323893   22991934  38990  97475    590
305.8987 17.113 17.113    0  1.002  125675509   28880751  46673 116682    619  0.80(0.65-0.89)

A Non-2,3,7,8-sub-TCDF
303.9016 16.811   38990   97475
305.8987 16.811   46673  116682

13C-2,3,7,8-TCDD
331.9368 17.778 17.778    0  1.000   27634199    6680351  19517  48792    342
333.9339 17.778 17.778    0  1.000   37378848    8812101   9455  23637    932  0.74(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.793 17.793    0  1.001   34061506    8190606  16628  41570    493
321.8936 17.793 17.793    0  1.001   41153236    9959164  21371  53427    466  0.83(0.65-0.89)

A Non-2,3,7,8-sub-TCDD
319.8965 17.249   16628   41570
321.8936 17.249   21371   53427

A F1 PeCDFs
339.8597 19.774    4930   12325
341.8567 19.774    6710   16775

A Non-2,3,7,8-sub-PeCDF RQ

339.8597 22.032 22.858  -49  1.000     308766      34089   7008  17520      5
341.8567 22.059 22.858  -48  1.000     160933      27013   7586  18965      4  1.92(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 22.973   12676   31690
357.8516 22.973    7286   18215

Page 1023 of 1153



Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

A Non-2,3,7,8-sub-HxCDF
373.8208 29.880   12840   32100
375.8178 29.880   11073   27682

A Non-2,3,7,8-sub-HxCDD
389.8157 30.519   15345   38362
391.8127 30.519   12393   30982

1,2,3,4,6,7,8-HpCDF
407.7818 33.628 33.628    0  1.000   33692741   10989299  38694  96735    284
409.7789 33.628 33.628    0  1.000   32146382   10380915  51419 128547    202  1.05(0.88-1.20)

1,2,3,4,7,8,9-HpCDF
407.7818 34.709 34.709    0  1.000   26040858    7343429  38694  96735    190
409.7789 34.709 34.709    0  1.000   24625215    6729248  51419 128547    131  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7818 34.169   38694   96735
409.7789 34.169   51419  128547

1,2,3,4,6,7,8-HpCDD
423.7766 34.418 34.418    0  1.000   21727808    6541026  30664  76660    213
425.7737 34.418 34.418    0  1.000   20854095    6335698  27119  67797    234  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7766 34.144   30664   76660
425.7737 34.144   27119   67797

1,3,6,8-TCDF
303.9016 14.724 14.724    0   57000410   17670051  38990  97475    453
305.8987 14.724 14.724    0   71369516   22146238  46673 116682    474  0.80(0.65-0.89)

1,3,6,8-TCDD
319.8965 15.616 15.616    0   33619173    9628524  16628  41570    579
321.8936 15.616 15.616    0   44001447   12420559  21371  53427    581  0.76(0.65-0.89)

2,3,4,7-TCDF
303.9016 17.113 17.113    0  100323893   22991934  38990  97475    590
305.8987 17.113 17.113    0  125675509   28880751  46673 116682    619  0.80(0.65-0.89)

1,2,3,7-TCDD
319.8965 17.688 17.688    0   29682430    7362401  16628  41570    443
321.8936 17.688 17.688    0   37150305    9265736  21371  53427    434  0.80(0.65-0.89)

1,2,3,9-TCDF
303.9016 17.960 17.960    0   44616486   10847960  38990  97475    278
305.8987 17.960 17.960    0   56093434   13696999  46673 116682    293  0.80(0.65-0.89)

1,2,3,9-TCDD
319.8965 17.960 17.960    0   36599780    8354440  16628  41570    502
321.8936 17.960 17.960    0   44465409   10049171  21371  53427    470  0.82(0.65-0.89)

1,2,8,9-TCDD
319.8965 18.882 18.882    0   31054707    6663353  16628  41570    401

1,2,8,9-TCDF
303.9016 18.897 18.897    0   44921711   10019560  38990  97475    257
305.8987 18.897 18.897    0   56616601   12641705  46673 116682    271  0.79(0.65-0.89)

1,3,4,6,8-PeCDF
339.8597 19.169 19.169    0   53283695   11519435   4930  12325   2337
341.8567 19.169 19.169    0   32663538    7079856   6710  16775   1055  1.63(1.32-1.78)
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Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d

Signal
RT

(min.)
Exp RT
(min.)

O
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,4,7,9-PeCDD
355.8546 20.900 20.900    0   37475241    6574386  12676  31690    519
357.8516 20.900 20.900    0   23540606    4119432   7286  18215    565  1.59(1.32-1.78)

1,2,3,8,9-PeCDD
355.8546 25.046 25.046    0   34121553    5021038  12676  31690    396
357.8516 25.059 25.046    1   20944155    3120247   7286  18215    428  1.63(1.32-1.78)

1,2,3,8,9-PeCDF
339.8597 25.264 25.264    0   45241963    6251935   7008  17520    892

1,2,3,4,6,8-HxCDF
373.8208 27.503 27.503    0   44041038    5680488  12840  32100    442
375.8178 27.503 27.503    0   36584044    4774299  11073  27682    431  1.20(1.05-1.43)

1,2,4,6,7,9-HxCDD
389.8157 29.048 29.048    0   33151370    3899010  15345  38362    254
391.8127 29.061 29.048    1   25747144    3033761  12393  30982    245  1.29(1.05-1.43)

1,2,3,4,6,7-HxCDD
389.8157 31.924 31.924    0   33000378    8233329  15345  38362    537
391.8127 31.924 31.924    0   26265327    6547387  12393  30982    528  1.26(1.05-1.43)

1,2,3,4,8,9-HxCDF
373.8208 32.257 32.257    0   40787765   10952597  12840  32100    853
375.8178 32.257 32.257    0   33739424    8872541  11073  27682    801  1.21(1.05-1.43)

1,2,3,4,6,7,9-HpCDD
423.7766 33.871 33.871    0   25593371    8208732  30664  76660    268
425.7737 33.871 33.871    0   24151550    7844228  27119  67797    289  1.06(0.88-1.20)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
Reagents:
HRDXNCP_00040 Amount Added:   2.00 Units: uL
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Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d
Lims ID: WDM
Client ID:
Inject. Date: 19-Dec-2019 11:00:56 Dil. Factor: 1.0000     
Sample Type: WDM, Window Defining Mix
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 1

Non-2,3,7,8-sub-PeCDF, RT: 22.858

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,7,8-PeCDF                    1.030
  2,3,4,7,8-PeCDF                    1.041
Averages:

RRFn Qis Ris Area Ris Height
  0.000            0.0               0               0

Sum the Uncalibrated Results

RT
339.8597

Area
339.8597

Height
341.8567

Area
341.8567

Height
Amount

Ratio Flags

22.032            308766             34089            160933             27013 1.92 R
Signal Totals:

           308766             34089            160933             27013
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           469699             61102 1.92 RQ
           410379             68883 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:            0.0 = (469699 * 0.0) / (0 * 0.000)
Empc Amount:            0.0 = (410379 * 0.0) / (0 * 0.000)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d
Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

27

Y
 ( 

X
10

00
00

0)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          14.72

2,3,7,8-TCDF
          17.11

1,2,3,9-TCDF
          17.96 L 1,2,8,9-TCDF

          18.90

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

4

9

14

19

24

29

34

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          14.72

2,3,7,8-TCDF
          17.11

1,2,3,9-TCDF
          17.96

19.17

L 1,2,8,9-TCDF
          18.90

TCDF Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F1:m/z     315.9419:SG5Pt_x1

13C-2,3,7,8-TCDF
          17.08

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F1:m/z     317.9389:SG5Pt_x1

13C-2,3,7,8-TCDF
          17.08
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Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d
Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDF

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

17

20

23

26

29

Y
 ( 

X
10

00
00

0)

F1:m/z     303.9016:SG5Pt_x1

F 1,3,6,8-TCDF
          14.72

2,3,7,8-TCDF
          17.11

1,2,3,9-TCDF
          17.96 L 1,2,8,9-TCDF

          18.90

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

3

7

11

15

19

23

27

31

35

Y
 ( 

X
10

00
00

0)

F1:m/z     305.8987:SG5Pt_x1

F 1,3,6,8-TCDF
          14.72

2,3,7,8-TCDF
          17.11

1,2,3,9-TCDF
          17.96

19.17

L 1,2,8,9-TCDF
          18.90

TCDF Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
)

F1:m/z     375.8364:SG5Pt_x1
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Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d
Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     319.8965:SG5Pt_x1

F 1,3,6,8-TCDD
          15.62 1,2,3,9-TCDD

          17.96
L 1,2,8,9-TCDD
          18.88

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F1:m/z     321.8936:SG5Pt_x1

F 1,3,6,8-TCDD
          15.62 1,2,3,9-TCDD

          17.96 L 1,2,8,9-TCDD
          18.88

TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.78

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.78
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Report Date: 19-Dec-2019 22:35:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_1.d
Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
0)

F1:m/z     327.8847:SG5Pt_x1

17.81

15.62 17.96
18.88

37Cl4-TCDD Standards

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
00

)

F1:m/z     331.9368:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.78

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F1:m/z     333.9339:SG5Pt_x1

13C-2,3,7,8-TCDD
          17.78
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

12

13

14

15

Y
 ( 

X
10

00
00

0)

F1:m/z     339.8597:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.17

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

5

10

15

20

25

30

35

40

45

50

55

60

65

70

75

80

85

Y
 ( 

X
10

00
00

)

F1:m/z     341.8567:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.17
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F1:m/z     339.8597:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.17

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
00

)

F1:m/z     341.8567:SG5Pt_x1

F 1,3,4,6,8-PeCDF
          19.17

F1 PeCDFs Interference Mass

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F1:m/z     409.7974:SG5Pt_x1

15.75
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          22.03

L 1,2,3,8,9-PeCDF
          25.26

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

6

12

18

24

30

36

42

48

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          22.06

L 1,2,3,8,9-PeCDF
          25.26

PeCDF Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
)

F2:m/z     351.9000:SG5Pt_x1

22.05
23.38

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

5

10

15

20

25

30

35

Y
 ( 

X
10

00
)

F2:m/z     353.8970:SG5Pt_x1

20.86
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

7

14

21

28

35

42

49

56

63

70

Y
 ( 

X
10

00
00

)

F2:m/z     339.8597:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          22.03

L 1,2,3,8,9-PeCDF
          25.26

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

5

10

15

20

25

30

35

40

45

Y
 ( 

X
10

00
00

)

F2:m/z     341.8567:SG5Pt_x1

Non-2,3,7,8-sub-PeCDF
          22.06

L 1,2,3,8,9-PeCDF
          25.26

PeCDF Interference Mass

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

-3

1

5

9

13

17

21

25

29

33

Y
 ( 

X
10

00
)

F2:m/z     409.7974:SG5Pt_x1

25.41

21.23

24.2320.85
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
00

)

F2:m/z     355.8546:SG5Pt_x1

F 1,2,4,7,9-PeCDD
          20.90

L 1,2,3,8,9-PeCDD
          25.05

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

7

14

21

28

35

42

49

Y
 ( 

X
10

00
00

)

F2:m/z     357.8516:SG5Pt_x1

F 1,2,4,7,9-PeCDD
          20.90

L 1,2,3,8,9-PeCDD
          25.06

PeCDD Standards

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
)

F2:m/z     367.8949:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

4

8

12

16

20

24

Y
 ( 

X
10

00
)

F2:m/z     369.8919:SG5Pt_x1
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.50

L 1,2,3,4,8,9-HxCDF
          32.26

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.50

L 1,2,3,4,8,9-HxCDF
          32.26

HxCDF Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

3

6

9

12

15

18

21

Y
 ( 

X
10

00
)

F3:m/z     383.8639:SG5Pt_x1

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

6

12

18

24

30

36

42

Y
 ( 

X
10

00
)

F3:m/z     385.8610:SG5Pt_x1
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.50

L 1,2,3,4,8,9-HxCDF
          32.26

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

0)

F3:m/z     375.8178:SG5Pt_x1

F 1,2,3,4,6,8-HxCDF
          27.50

L 1,2,3,4,8,9-HxCDF
          32.26

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
)

F3:m/z     445.7555:SG5Pt_x1
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1
F 1,2,3,4,6,7,8-HpCDF
          33.63

L 1,2,3,4,7,8,9-HpCDF
          34.71

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.63

L 1,2,3,4,7,8,9-HpCDF
          34.71

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

5

10

15

20

25
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35

Y
 ( 

X
10

00
)

F4:m/z     417.8253:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

4

8

12
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Y
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X
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00
)

F4:m/z     419.8220:SG5Pt_x1
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.63

L 1,2,3,4,7,8,9-HpCDF
          34.71

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

F 1,2,3,4,6,7,8-HpCDF
          33.63

L 1,2,3,4,7,8,9-HpCDF
          34.71

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

4

8

12

16

20

24

28

32

36

40

44

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1

35.13
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     423.7766:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          33.87

L 1,2,3,4,6,7,8-HpCDD
          34.42

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

12

25

38

51

64

77

90

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1

F 1,2,3,4,6,7,9-HpCDD
          33.87

L 1,2,3,4,6,7,8-HpCDD
          34.42

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

5

10

15

20

25

30

Y
 ( 

X
10

00
)

F4:m/z     435.8169:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0
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6

9

12

15
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Y
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X
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00
)

F4:m/z     437.8140:SG5Pt_x1

34.39
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

13

26

39

52

65

78
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Y

F4:m/z     430.9729:SG5Pt_x1
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Injection Date: 19-Dec-2019 11:00:56 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 1
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56953-1

Lab Sample ID: MB 320-344942/1-A

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_4.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  13:23

Low2(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.0 0.0981746-01-6 2,3,7,8-TCDD ND

1.0 0.07851207-31-9 2,3,7,8-TCDF ND

5.0 0.1640321-76-4 1,2,3,7,8-PeCDD ND

5.0 0.1457117-41-6 1,2,3,7,8-PeCDF ND

5.0 0.1457117-31-4 2,3,4,7,8-PeCDF ND

5.0 0.1139227-28-6 1,2,3,4,7,8-HxCDD ND

5.0 0.1157653-85-7 1,2,3,6,7,8-HxCDD ND

5.0 0.09619408-74-3 1,2,3,7,8,9-HxCDD ND

5.0 0.08970648-26-9 1,2,3,4,7,8-HxCDF ND

5.0 0.08857117-44-9 1,2,3,6,7,8-HxCDF ND

5.0 0.07172918-21-9 1,2,3,7,8,9-HxCDF ND

5.0 0.07060851-34-5 2,3,4,6,7,8-HxCDF ND

5.0 0.076J35822-46-9 1,2,3,4,6,7,8-HpCDD 0.458

5.0 0.11J67562-39-4 1,2,3,4,6,7,8-HpCDF 0.287

5.0 0.14J55673-89-7 1,2,3,4,7,8,9-HpCDF 0.344

10 0.11J3268-87-9 OCDD 2.41

10 0.15J39001-02-0 OCDF 1.80

1.0 0.09841903-57-5 Total TCDD ND

1.0 0.07830402-14-3 Total TCDF ND

5.0 0.1636088-22-9 Total PeCDD ND

5.0 0.1430402-15-4 Total PeCDF ND

5.0 0.1134465-46-8 Total HxCDD ND

5.0 0.08955684-94-1 Total HxCDF ND

5.0 0.076J37871-00-4 Total HpCDD 0.593

5.0 0.12J38998-75-3 Total HpCDF 0.631

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56953-1

Lab Sample ID: MB 320-344942/1-A

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_4.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  13:23

Low2(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

60 25-16476523-40-5 13C-2,3,7,8-TCDD

60 24-16989059-46-1 13C-2,3,7,8-TCDF

61 25-181109719-79-1 13C-1,2,3,7,8-PeCDD

57 24-185109719-77-9 13C-1,2,3,7,8-PeCDF

62 21-178116843-02-8 13C-2,3,4,7,8-PeCDF

65 32-141109719-80-4 13C-1,2,3,4,7,8-HxCDD

65 28-130109719-81-5 13C-1,2,3,6,7,8-HxCDD

64 26-152114423-98-2 13C-1,2,3,4,7,8-HxCDF

63 26-123116843-03-9 13C-1,2,3,6,7,8-HxCDF

57 29-147116843-04-0 13C-1,2,3,7,8,9-HxCDF

60 28-136116843-05-1 13C-2,3,4,6,7,8-HxCDF

61 23-140109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

61 28-143109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

65 26-138109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

64 17-157114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

100 35-19785508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Lims ID: MB 320-344942/1-A        
Client ID:
Sample Type: MB
Inject. Date: 19-Dec-2019 13:23:46 ALS Bottle#: 4 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: MB 320-344942/1-A  MB 320-344942/1-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:12:08 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: dadunj Date: 20-Dec-2019 14:12:08

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.597  208024630 0.78  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.098  177530565 0.80   1.4157        60.3        60.3   0.1798   0.1798  60.28
  2,3,7,8-TCDF 17.128   0.0391   0.0391
A Non-2,3,7,8-sub-TCDF 16.811   0.0391   0.0391
S Total TCDF   0.0391   0.0391

D 13C-2,3,7,8-TCDD 17.793  121146975 0.77   0.9751        59.7        59.7   0.2669   0.2669  59.72
  2,3,7,8-TCDD 17.823   0.0491   0.0491
$ 37Cl4-2,3,7,8-TCDD 17.809  112067664   1.3480        40.0        40.0   0.0488   0.0488  99.91

A Non-2,3,7,8-sub-TCDD 17.249      54319 0.77   1.0477      0.1621      0.0428   0.0491   0.0491  RQ
S Total TCDD      0.1621      0.0428   0.0491   0.0491  RQ

D 13C-1,2,3,7,8-PeCDF 22.018  140190739 1.58   1.1786        57.2        57.2   0.1992   0.1992  57.18
  1,2,3,7,8-PeCDF 22.045   0.0688   0.0688
D 13C-2,3,4,7,8-PeCDF 23.341  145449510 1.58   1.1308        61.8        61.8   0.2076   0.2076  61.83
  2,3,4,7,8-PeCDF 23.355   0.0714   0.0714
A F1 PeCDFs 19.774   0.0631   0.0631
A Non-2,3,7,8-sub-PeCDF 22.858   0.0701   0.0701
S Total PeCDF   0.0714   0.0714

D 13C-1,2,3,7,8-PeCDD 24.050   96066755 1.65   0.7572        61.0        61.0   0.1110   0.1110  60.99
  1,2,3,7,8-PeCDD 24.077   0.0788   0.0788
A Non-2,3,7,8-sub-PeCDD 22.973   0.0788   0.0788
S Total PeCDD   0.0788   0.0788

D 13C-1,2,3,4,7,8-HxCDF 30.193  132542629 0.53   1.1043        63.9        63.9   0.2761   0.2761  63.93
  1,2,3,4,7,8-HxCDF 30.206   0.0443   0.0443
D 13C-1,2,3,6,7,8-HxCDF 30.406  135386439 0.52   1.1470        62.9        62.9   0.2658   0.2658  62.86
  1,2,3,6,7,8-HxCDF 30.420   0.0440   0.0440
D 13C-2,3,4,6,7,8-HxCDF 31.298  121853305 0.52   1.0769        60.3        60.3   0.2832   0.2832  60.27
  2,3,4,6,7,8-HxCDF 31.325   0.0348   0.0348
D 13C-1,2,3,7,8,9-HxCDF 32.151  107551124 0.53   1.0115        56.6        56.6   0.3015   0.3015  56.63
  1,2,3,7,8,9-HxCDF 32.164   0.0356   0.0356
A Non-2,3,7,8-sub-HxCDF 29.880   0.0392   0.0392
S Total HxCDF   0.0443   0.0443
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 31.964  187758460 1.29  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.511   96890777 1.27   0.7962        64.8        64.8   0.3181   0.3181  64.81
  1,2,3,4,7,8-HxCDD 31.525   0.0535   0.0535
D 13C-1,2,3,6,7,8-HxCDD 31.618  106215395 1.30   0.8720        64.9        64.9   0.2904   0.2904  64.87
  1,2,3,6,7,8-HxCDD 31.631   0.0550   0.0550
  1,2,3,7,8,9-HxCDD 31.977   0.0480   0.0480
A Non-2,3,7,8-sub-HxCDD 30.519   0.0520   0.0520
S Total HxCDD   0.0550   0.0550

D 13C-1,2,3,4,6,7,8-HpCDF 33.616   86085651 0.43   0.7577        60.5        60.5   0.8267   0.8267  60.51
  1,2,3,4,6,7,8-HpCDF 33.640     182769 1.04   1.4804      0.1434      0.1434   0.0536   0.0536  M
D 13C-1,2,3,4,7,8,9-HpCDF 34.697   85177597 0.44   0.6941        65.4        65.4   0.9023   0.9023  65.36
  1,2,3,4,7,8,9-HpCDF 34.697     189375 1.14   1.2933      0.1719      0.1719   0.0694   0.0694  M
A Non-2,3,7,8-sub-HpCDF 34.169   0.0607   0.0607
S Total HpCDF      0.3153      0.3153   0.0615   0.0615

D 13C-1,2,3,4,6,7,8-HpCDD 34.405   80944747 1.12   0.7058        61.1        61.1   0.3865   0.3865  61.08
  1,2,3,4,6,7,8-HpCDD 34.418     195355 0.98   1.0535      0.2291      0.2291   0.0380   0.0380  M
A Non-2,3,7,8-sub-HpCDD 34.144      57566 1.04   1.0535      0.0757      0.0675   0.0380   0.0675  RQM
S Total HpCDD      0.3048      0.2966   0.0380   0.0380  RQ

D 13C-OCDD 36.734  110152626 0.91   0.4603       127.5       127.5   0.1794   0.1794  63.73
  OCDF 36.830     692902 0.81   1.3945      0.9022      0.9022   0.0751   0.0751
  OCDD 36.746     754356 0.83   1.1362       1.205       1.205   0.0526   0.0526

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Lims ID: MB 320-344942/1-A        
Client ID:
Sample Type: MB
Inject. Date: 19-Dec-2019 13:23:46 ALS Bottle#: 4 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: MB 320-344942/1-A  MB 320-344942/1-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:12:08 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: dadunj Date: 20-Dec-2019 14:12:08

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.597 17.612   -1   91437219   22509727  22599  56497    996
333.9339 17.597 17.612   -1  116587411   28167841  30149  75372    934  0.78(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.098 17.113   -1  0.972   78933312   19455051  24495  61237    794
317.9389 17.098 17.113   -1  0.972   98597253   24874660  27092  67730    918  0.80(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.128    2392    5980
305.8987 17.128    4190   10475

A Non-2,3,7,8-sub-TCDF
303.9016 16.811    2392    5980
305.8987 16.811    4190   10475

13C-2,3,7,8-TCDD
331.9368 17.793 17.793    0  1.011   52611153   12438168  22599  56497    550
333.9339 17.793 17.793    0  1.011   68535822   16525849  30149  75372    548  0.77(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.823    4298   10745
321.8936 17.823    1667    4167

37Cl4-2,3,7,8-TCDD
327.8847 17.809 17.823   -1  1.012  112067664   27588218  13333  33332   2069

A Non-2,3,7,8-sub-TCDD RQ

319.8965 17.098 17.249   -9  0.961     175022      38298   4298  10745      9
Empc Correction      23630       4975   4298  10745      1

321.8936 17.098 17.249   -9  0.961      30689       6462   1667   4167      4  5.70(0.65-0.89)

Page 1047 of 1153



Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDF
351.9000 22.018 22.018    0  1.251   85769267   14768351  28432  71080    519
353.8970 22.018 22.018    0  1.251   54421472    9616492  19152  47880    502  1.58(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.045    1653    4132
341.8567 22.045    5263   13157

13C-2,3,4,7,8-PeCDF
351.9000 23.341 23.341    0  1.326   88977918   14275055  28432  71080    502
353.8970 23.341 23.341    0  1.326   56471592    8975163  19152  47880    469  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.355    1653    4132
341.8567 23.355    5263   13157

A F1 PeCDFs
339.8597 19.774    1414    3535
341.8567 19.774    4810   12025

A Non-2,3,7,8-sub-PeCDF
339.8597 22.858    1653    4132
341.8567 22.858    5263   13157

13C-1,2,3,7,8-PeCDD
367.8949 24.050 24.050    0  1.367   59805327    8883939   9267  23167    959
369.8919 24.050 24.050    0  1.367   36261428    5512876   7772  19430    709  1.65(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.077    3526    8815
357.8516 24.077    1401    3502

A Non-2,3,7,8-sub-PeCDD
355.8546 22.973    3526    8815
357.8516 22.973    1401    3502

13C-1,2,3,4,7,8-HxCDF
383.8639 30.193 30.193    0  0.945   46178846    7541412  18251  45627    413
385.8610 30.193 30.193    0  0.945   86363783   13976936  36665  91662    381  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.206    2519    6297
375.8178 30.206    1853    4632

13C-1,2,3,6,7,8-HxCDF
383.8639 30.406 30.406    0  0.951   46149173    7283129  18251  45627    399
385.8610 30.393 30.406   -1  0.951   89237266   14393166  36665  91662    393  0.52(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.420    2519    6297
375.8178 30.420    1853    4632

13C-2,3,4,6,7,8-HxCDF
383.8639 31.298 31.312   -1  0.979   41647365    9154418  18251  45627    502
385.8610 31.312 31.312    0  0.980   80205940   17597489  36665  91662    480  0.52(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.325    2519    6297
375.8178 31.325    1853    4632
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8,9-HxCDF
383.8639 32.151 32.151    0  1.006   37071623    9057093  18251  45627    496
385.8610 32.151 32.151    0  1.006   70479501   17114569  36665  91662    467  0.53(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.164    2519    6297
375.8178 32.164    1853    4632

A Non-2,3,7,8-sub-HxCDF
373.8208 29.880    2519    6297
375.8178 29.880    1853    4632

13C-1,2,3,7,8,9-HxCDD
401.8559 31.964 31.964    0  105922229   25450136  23234  58085   1095
403.8529 31.964 31.964    0   81836231   19575033  22374  55935    875  1.29(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.511 31.511    0  0.986   54169095   13394792  23234  58085    577
403.8529 31.511 31.511    0  0.986   42721682   10616220  22374  55935    474  1.27(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.525    2006    5015
391.8127 31.525    3614    9035

13C-1,2,3,6,7,8-HxCDD
401.8559 31.618 31.618    0  0.989   59953695   14037428  23234  58085    604
403.8529 31.618 31.618    0  0.989   46261700   10456669  22374  55935    467  1.30(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.631    2006    5015
391.8127 31.631    3614    9035

1,2,3,7,8,9-HxCDD
389.8157 31.977    2006    5015
391.8127 31.977    3614    9035

A Non-2,3,7,8-sub-HxCDD
389.8157 30.519    2006    5015
391.8127 30.519    3614    9035

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.616 33.628   -1  1.052   25973825    8363723  37517  93792    223
419.8220 33.616 33.628   -1  1.052   60111826   19160094  75289 188222    254  0.43(0.37-0.51)

1,2,3,4,6,7,8-HpCDF M
407.7818 33.640 33.628    1  1.001      93184      28672   6350  15875      5 M
409.7789 33.628 33.628    0  1.000      89585      27020   2379   5947     11  1.04(0.88-1.20) M

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.697 34.697    0  1.086   25836587    7383025  37517  93792    197
419.8220 34.697 34.697    0  1.086   59341010   16947236  75289 188222    225  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF M
407.7818 34.697 34.709   -1  1.000     100842      27440   6350  15875      4 M
409.7789 34.697 34.709   -1  1.000      88533      25489   2379   5947     11  1.14(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDF
407.7818 34.169    6350   15875
409.7789 34.169    2379    5947
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.405 34.418   -1  1.076   42696754   12724846  26554  66385    479
437.8140 34.405 34.418   -1  1.076   38247993   11512702  22583  56457    510  1.12(0.88-1.20)

1,2,3,4,6,7,8-HpCDD M
423.7766 34.418 34.418    0  1.000      96702      27150   2064   5160     13
425.7737 34.418 34.418    0  1.000      98653      27216   1820   4550     15  0.98(0.88-1.20) M

A Non-2,3,7,8-sub-HpCDD RQM

423.7766 33.871 34.144  -16  0.984      36322      12655   2064   5160      6 M
Empc Correction      29347       9237   2064   5160      4

425.7737 33.871 34.144  -16  0.984      28219       8882   1820   4550      5  1.29(0.88-1.20) M

13C-OCDD
469.7779 36.734 36.734    0  1.149   52630527   13346096   7004  17510   1905
471.7750 36.734 36.734    0  1.149   57522099   14893745   7866  19665   1893  0.91(0.76-1.02)

OCDF
441.7428 36.830 36.830    0  1.003     310234      78339   2141   5352     37
443.7399 36.830 36.830    0  1.003     382668      82040   3778   9445     22  0.81(0.76-1.02)

OCDD
457.7377 36.746 36.746    0  1.000     342645      92369   1898   4745     49
459.7348 36.746 36.746    0  1.000     411711      98714   1477   3692     67  0.83(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
Review Flags
  M - Manually Integrated
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Lims ID: MB 320-344942/1-A
Client ID:
Inject. Date: 19-Dec-2019 13:23:46 Dil. Factor: 1.0000     
Sample Type: MB, Method Blank
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 4

Non-2,3,7,8-sub-TCDD, RT: 17.249

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000       121146975        28964017
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000       121146975        28964017

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

17.098            175022             38298             30689              6462      0.1621 5.70 RQ
17.098             23630              4975             30689              6462      0.0428 Empc Correction
Signal Totals:

            23630              4975             30689              6462
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           205711             44760 5.70 RQ
            54319             11437 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1621 = (205711 * 100.000) / (121146975 * 1.048)
Empc Amount:         0.0428 = (54319 * 100.000) / (121146975 * 1.048)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Lims ID: MB 320-344942/1-A
Client ID:
Inject. Date: 19-Dec-2019 13:23:46 Dil. Factor: 1.0000     
Sample Type: MB, Method Blank
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 4

Non-2,3,7,8-sub-HpCDD, RT: 34.144

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  1,2,3,4,6,7,8-HpCDD                1.054 D 13C-1,2,3,4,6,7,8-HpCDD                 100.000        80944747        24237548
Averages:

RRFn Qis Ris Area Ris Height
  1.054        100.000        80944747        24237548

Sum the Uncalibrated Results

RT
423.7766

Area
423.7766

Height
425.7737

Area
425.7737

Height
Amount

Ratio Flags

33.871             36322             12655             28219              8882      0.0757 1.29 RQM
33.871             29347              9237             28219              8882      0.0675 Empc Correction
Signal Totals:

            29347              9237             28219              8882
Total Responses:

Rx Area Rx Height Amount Ratio Flags

            64541             21537 1.29 RQM
            57566             18119 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.0757 = (64541 * 100.000) / (80944747 * 1.054)
Empc Amount:         0.0675 = (57566 * 100.000) / (80944747 * 1.054)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.

Review Flags
M - Manually Integrated
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Instrument ID: 3D5
Lims ID: MB 320-344942/1-A        
Client ID:
Operator ID:  AJS ALS Bottle#: 4 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 1

Processing Integration Results
RT:  33.64
Area: 165794
Amount:    0.247030
Amount Units: pg/ul
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Manual Integration Results
RT:  33.64
Area: 93184
Amount:    0.143419
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:10:59
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Instrument ID: 3D5
Lims ID: MB 320-344942/1-A        
Client ID:
Operator ID:  AJS ALS Bottle#: 4 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDF, CAS: 67562-39-4
Signal: 2

Processing Integration Results
RT:  33.63
Area: 149015
Amount:    0.247030
Amount Units: pg/ul
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Manual Integration Results
RT:  33.63
Area: 89585
Amount:    0.143419
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:11:01
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Instrument ID: 3D5
Lims ID: MB 320-344942/1-A        
Client ID:
Operator ID:  AJS ALS Bottle#: 4 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 1

Processing Integration Results
RT:  34.70
Area: 201497
Amount:    0.271129
Amount Units: pg/ul
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Manual Integration Results
RT:  34.70
Area: 100842
Amount:    0.171909
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:11:18
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Instrument ID: 3D5
Lims ID: MB 320-344942/1-A        
Client ID:
Operator ID:  AJS ALS Bottle#: 4 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,7,8,9-HpCDF, CAS: 55673-89-7
Signal: 2

Processing Integration Results
RT:  34.70
Area: 97178
Amount:    0.271129
Amount Units: pg/ul
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Manual Integration Results
RT:  34.70
Area: 88533
Amount:    0.171909
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:11:21
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Instrument ID: 3D5
Lims ID: MB 320-344942/1-A        
Client ID:
Operator ID:  AJS ALS Bottle#: 4 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

1,2,3,4,6,7,8-HpCDD, CAS: 35822-46-9
Signal: 2

Processing Integration Results
RT:  34.42
Area: 113196
Amount:    0.246132
Amount Units: pg/ul
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Manual Integration Results
RT:  34.42
Area: 98653
Amount:    0.229079
Amount Units: pg/ul
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Reviewer: dadunj, 20-Dec-2019 14:11:29
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Instrument ID: 3D5
Lims ID: MB 320-344942/1-A        
Client ID:
Operator ID:  AJS ALS Bottle#: 4 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDD, Signal: 1,   m/z: 423.7766, RT: ( 33.84- 34.45)
Signal: 1

Processing Integration Results
RT = 33.871 Area = 46361
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Manual Integration Results
RT = 33.871 Area = 36322 M
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Reviewer: dadunj, 20-Dec-2019 14:11:33
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Manual Integration/User Assign Peak Report

Eurofins TestAmerica, Sacramento
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Instrument ID: 3D5
Lims ID: MB 320-344942/1-A        
Client ID:
Operator ID:  AJS ALS Bottle#: 4 Worklist Smp#: 4
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Column: DB-5 ( 0.32 mm) Detector F4:HRSIR

Non-2,3,7,8-sub-HpCDD, Signal: 2,   m/z: 425.7737, RT: ( 33.84- 34.45)
Signal: 2

Processing Integration Results
RT = 33.871 Area = 38602
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Manual Integration Results
RT = 33.871 Area = 28219 M
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Reviewer: dadunj, 20-Dec-2019 14:11:32
Audit Action: Split an Integrated Peak Audit Reason: Split Peak
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Standards
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 20-Dec-2019 14:12:09 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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Report Date: 20-Dec-2019 14:12:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Report Date: 20-Dec-2019 14:12:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
)

F2:m/z     339.8597:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

1

3

5

7

9

11

13

15

17

19

21

Y
 ( 

X
10

00
)

F2:m/z     341.8567:SG5Pt_x1

PeCDF Interference Mass

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

-3

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F2:m/z     409.7974:SG5Pt_x1

21.54
21.68 22.33

Page 1067 of 1153



Report Date: 20-Dec-2019 14:12:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

14

16

18

20

22

Y
 ( 

X
10

00
0)

F5:m/z     441.7428:SG5Pt_x1

40.03

OCDF
  36.83

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.83

40.02

OCDF Interference Mass

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-2

3

8

13

18

23

28

33

38

43

48

53

Y
 ( 

X
10

00
)

F5:m/z     513.6775:SG5Pt_x1

38.21

39.84

35.81

Page 1076 of 1153



Report Date: 20-Dec-2019 14:12:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F5:m/z     457.7377:SG5Pt_x1

OCDD
  36.75

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
0)

F5:m/z     459.7348:SG5Pt_x1

OCDD
  36.75

OCDD Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.73

37.56

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

2

5

8

11

14

17

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.73

Page 1077 of 1153



Report Date: 20-Dec-2019 14:12:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min
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F1:m/z     330.9792:SG5Pt_x1
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F3:m/z     380.9760:SG5Pt_x1
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F4:m/z     430.9729:SG5Pt_x1
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Report Date: 20-Dec-2019 14:12:10 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_4.d
Injection Date: 19-Dec-2019 13:23:46 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 4
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56953-1

Lab Sample ID: LCS 320-344942/2-A

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_5.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  14:11

Low2(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.0 0.161746-01-6 2,3,7,8-TCDD 20.7

1.0 0.1451207-31-9 2,3,7,8-TCDF 22.0

5.0 0.3040321-76-4 1,2,3,7,8-PeCDD 99.6

5.0 0.5857117-41-6 1,2,3,7,8-PeCDF 104

5.0 0.6057117-31-4 2,3,4,7,8-PeCDF 98.8

5.0 0.3539227-28-6 1,2,3,4,7,8-HxCDD 95.3

5.0 0.3757653-85-7 1,2,3,6,7,8-HxCDD 105

5.0 0.3219408-74-3 1,2,3,7,8,9-HxCDD 98.0

5.0 0.6670648-26-9 1,2,3,4,7,8-HxCDF 101

5.0 0.6657117-44-9 1,2,3,6,7,8-HxCDF 107

5.0 0.5272918-21-9 1,2,3,7,8,9-HxCDF 110

5.0 0.5160851-34-5 2,3,4,6,7,8-HxCDF 108

5.0 0.6635822-46-9 1,2,3,4,6,7,8-HpCDD 101

5.0 1.167562-39-4 1,2,3,4,6,7,8-HpCDF 105

5.0 1.455673-89-7 1,2,3,4,7,8,9-HpCDF 103

10 0.303268-87-9 OCDD 186

10 0.3939001-02-0 OCDF 208

1.0 0.1641903-57-5 Total TCDD 20.7

1.0 0.1430402-14-3 Total TCDF 22.0

5.0 0.3036088-22-9 Total PeCDD 99.6

5.0 0.5930402-15-4 Total PeCDF 203

5.0 0.3534465-46-8 Total HxCDD 298

5.0 0.5955684-94-1 Total HxCDF 427

5.0 0.6637871-00-4 Total HpCDD 101

5.0 1.338998-75-3 Total HpCDF 208

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56953-1

Lab Sample ID: LCS 320-344942/2-A

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_5.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  14:11

Low2(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

67 20-17576523-40-5 13C-2,3,7,8-TCDD

68 22-15289059-46-1 13C-2,3,7,8-TCDF

66 21-227109719-79-1 13C-1,2,3,7,8-PeCDD

66 21-192109719-77-9 13C-1,2,3,7,8-PeCDF

71 13-328116843-02-8 13C-2,3,4,7,8-PeCDF

74 21-193109719-80-4 13C-1,2,3,4,7,8-HxCDD

73 25-163109719-81-5 13C-1,2,3,6,7,8-HxCDD

72 19-202114423-98-2 13C-1,2,3,4,7,8-HxCDF

72 21-159116843-03-9 13C-1,2,3,6,7,8-HxCDF

65 17-205116843-04-0 13C-1,2,3,7,8,9-HxCDF

69 22-176116843-05-1 13C-2,3,4,6,7,8-HxCDF

71 26-166109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

71 21-158109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

73 20-186109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

70 13-199114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

106 31-19185508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:12:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Lims ID: LCS 320-344942/2-A       
Client ID:
Sample Type: LCS
Inject. Date: 19-Dec-2019 14:11:22 ALS Bottle#: 5 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: LCS 320-344942/2-A  LCS 320-344942/2-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:12:08 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: shardaa Date: 19-Dec-2019 16:34:22

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.597  165045237 0.81  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.098  158256935 0.78   1.4157        67.7        67.7   0.1799   0.1799  67.73
  2,3,7,8-TCDF 17.113   16556854 0.78   0.9502        11.0        11.0   0.0677   0.0677    110
A Non-2,3,7,8-sub-TCDF 16.811   0.0677   0.0677
S Total TCDF        11.0        11.0   0.0677   0.0677

D 13C-2,3,7,8-TCDD 17.778  108470427 0.80   0.9751        67.4        67.4   0.1898   0.1898  67.40
  2,3,7,8-TCDD 17.808   11784345 0.76   1.0477        10.4        10.4   0.0799   0.0799    104
$ 37Cl4-2,3,7,8-TCDD 17.808   94135698   1.3480        42.3        42.3   0.0804   0.0804    106

A Non-2,3,7,8-sub-TCDD 17.249   0.0799   0.0799
S Total TCDD        10.4        10.4   0.0799   0.0799

D 13C-1,2,3,7,8-PeCDF 22.018  128191945 1.56   1.1786        65.9        65.9   0.2260   0.2260  65.90
  1,2,3,7,8-PeCDF 22.045   68766531 1.62   1.0302        52.1        52.1   0.2912   0.2912    104
D 13C-2,3,4,7,8-PeCDF 23.341  133233815 1.57   1.1308        71.4        71.4   0.2356   0.2356  71.39
  2,3,4,7,8-PeCDF 23.355   68534834 1.58   1.0410        49.4        49.4   0.3022   0.3022  98.83
A F1 PeCDFs 19.774   0.0743   0.0743
A Non-2,3,7,8-sub-PeCDF 22.858   0.2966   0.2966
S Total PeCDF       101.5       101.5   0.2967   0.2967

D 13C-1,2,3,7,8-PeCDD 24.050   82797622 1.56   0.7572        66.3        66.3   0.1092   0.1092  66.25
  1,2,3,7,8-PeCDD 24.077   44741092 1.61   1.0855        49.8        49.8   0.1516   0.1516  99.56
A Non-2,3,7,8-sub-PeCDD 22.973   0.1516   0.1516
S Total PeCDD        49.8        49.8   0.1516   0.1516

D 13C-1,2,3,4,7,8-HxCDF 30.193  117417067 0.53   1.1043        71.9        71.9   0.3117   0.3117  71.91
  1,2,3,4,7,8-HxCDF 30.220   68349545 1.27   1.1472        50.7        50.7   0.3324   0.3324    101
D 13C-1,2,3,6,7,8-HxCDF 30.393  121288946 0.53   1.1470        71.5        71.5   0.3000   0.3000  71.51
  1,2,3,6,7,8-HxCDF 30.419   74324210 1.29   1.1450        53.5        53.5   0.3276   0.3276    107
D 13C-2,3,4,6,7,8-HxCDF 31.298  110280631 0.52   1.0769        69.3        69.3   0.3196   0.3196  69.25
  2,3,4,6,7,8-HxCDF 31.325   69840316 1.24   1.1726        54.0        54.0   0.2533   0.2533    108
D 13C-1,2,3,7,8,9-HxCDF 32.150   97507110 0.54   1.0115        65.2        65.2   0.3402   0.3402  65.19
  1,2,3,7,8,9-HxCDF 32.164   62992108 1.26   1.1717        55.1        55.1   0.2611   0.2611    110
A Non-2,3,7,8-sub-HxCDF 29.880   0.2894   0.2894
S Total HxCDF       213.4       213.4   0.2936   0.2936
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Report Date: 20-Dec-2019 14:12:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 31.964  147874538 1.32  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.498   87051271 1.26   0.7962        73.9        73.9   0.3438   0.3438  73.94
  1,2,3,4,7,8-HxCDD 31.524   45356047 1.26   1.0934        47.7        47.7   0.1754   0.1754  95.31
D 13C-1,2,3,6,7,8-HxCDD 31.618   94602804 1.28   0.8720        73.4        73.4   0.3139   0.3139  73.37
  1,2,3,6,7,8-HxCDD 31.631   51749050 1.26   1.0429        52.5        52.5   0.1863   0.1863    105
  1,2,3,7,8,9-HxCDD 31.977   53716310 1.26   1.2073        49.0        49.0   0.1599   0.1599  97.97
A Non-2,3,7,8-sub-HxCDD 30.519   0.1732   0.1732
S Total HxCDD       149.1       149.1   0.1738   0.1738

D 13C-1,2,3,4,6,7,8-HpCDF 33.616   79073738 0.45   0.7577        70.6        70.6   0.9625   0.9625  70.58
  1,2,3,4,6,7,8-HpCDF 33.628   61511067 1.04   1.4804        52.5        52.5   0.5525   0.5525    105
D 13C-1,2,3,4,7,8,9-HpCDF 34.685   75387537 0.43   0.6941        73.4        73.4    1.051    1.051  73.44
  1,2,3,4,7,8,9-HpCDF 34.697   50357598 1.04   1.2933        51.6        51.6   0.7244   0.7244    103
A Non-2,3,7,8-sub-HpCDF 34.169   0.6298   0.6298
S Total HpCDF       104.2       104.2   0.6385   0.6385

D 13C-1,2,3,4,6,7,8-HpCDD 34.405   73648106 1.07   0.7058        70.6        70.6   0.4638   0.4638  70.56
  1,2,3,4,6,7,8-HpCDD 34.417   39005031 1.06   1.0535        50.3        50.3   0.3290   0.3290    101
A Non-2,3,7,8-sub-HpCDD 34.144   0.3290   0.3290
S Total HpCDD        50.3        50.3   0.3290   0.3290

D 13C-OCDD 36.722   95137218 0.92   0.4603       139.8       139.8   0.2306   0.2306  69.89
  OCDF 36.829   68853913 0.90   1.3945       103.8       103.8   0.1969   0.1969    104
  OCDD 36.734   50218090 0.89   1.1362        92.9        92.9   0.1501   0.1501  92.92
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Report Date: 20-Dec-2019 14:12:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Lims ID: LCS 320-344942/2-A       
Client ID:
Sample Type: LCS
Inject. Date: 19-Dec-2019 14:11:22 ALS Bottle#: 5 Worklist Smp#: 5
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: LCS 320-344942/2-A  LCS 320-344942/2-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:12:08 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: shardaa Date: 19-Dec-2019 16:34:22

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.597 17.612   -1   73786892   18933490  18688  46720   1013
333.9339 17.597 17.612   -1   91258345   22838806  12240  30600   1866  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.098 17.113   -1  0.972   69525401   16826403  20904  52260    805
317.9389 17.098 17.113   -1  0.972   88731534   21004701  21644  54110    970  0.78(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.113 17.128   -1  1.001    7255655    1742715   3410   8525    511
305.8987 17.113 17.128   -1  1.001    9301199    2267723   6329  15822    358  0.78(0.65-0.89)

A Non-2,3,7,8-sub-TCDF
303.9016 16.811    3410    8525
305.8987 16.811    6329   15822

13C-2,3,7,8-TCDD
331.9368 17.778 17.793   -1  1.010   48356861   10774374  18688  46720    577
333.9339 17.793 17.793    0  1.011   60113566   13181199  12240  30600   1077  0.80(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.808 17.823   -1  1.002    5077797    1275878   5211  13027    245
321.8936 17.808 17.823   -1  1.002    6706548    1589136   2811   7027    565  0.76(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.808 17.823   -1  1.012   94135698   21958437  18104  45260   1213

A Non-2,3,7,8-sub-TCDD
319.8965 17.249    5211   13027
321.8936 17.249    2811    7027

13C-1,2,3,7,8-PeCDF
351.9000 22.018 22.018    0  1.251   78211090   13737776  26964  67410    509
353.8970 22.018 22.018    0  1.251   49980855    8690552  17542  43855    495  1.56(1.32-1.78)
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Report Date: 20-Dec-2019 14:12:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8-PeCDF
339.8597 22.045 22.045    0  1.001   42483128    7586894  14368  35920    528
341.8567 22.045 22.045    0  1.001   26283403    4585922  12548  31370    365  1.62(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.341 23.341    0  1.326   81355631   13121773  26964  67410    487
353.8970 23.341 23.341    0  1.326   51878184    8271974  17542  43855    472  1.57(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.355 23.355    0  1.001   41930113    6744595  14368  35920    469
341.8567 23.368 23.355    1  1.001   26604721    4226907  12548  31370    337  1.58(1.32-1.78)

A F1 PeCDFs
339.8597 19.774    1537    3842
341.8567 19.774    5211   13027

A Non-2,3,7,8-sub-PeCDF
339.8597 22.858   14368   35920
341.8567 22.858   12548   31370

13C-1,2,3,7,8-PeCDD
367.8949 24.050 24.050    0  1.367   50458354    7526619   7656  19140    983
369.8919 24.050 24.050    0  1.367   32339268    4938941   6163  15407    801  1.56(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.077 24.077    0  1.001   27592287    4349331   6007  15017    724
357.8516 24.077 24.077    0  1.001   17148805    2676196   2201   5502   1216  1.61(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 22.973    6007   15017
357.8516 22.973    2201    5502

13C-1,2,3,4,7,8-HxCDF
383.8639 30.193 30.193    0  0.945   40761790    6565344  16509  41272    398
385.8610 30.193 30.193    0  0.945   76655277   12479314  31189  77972    400  0.53(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.220 30.206    1  1.001   38229403    6410459  16093  40232    398
375.8178 30.206 30.206    0  1.000   30120142    5012147  12954  32385    387  1.27(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.393 30.406   -1  0.951   42101273    6704854  16509  41272    406
385.8610 30.393 30.406   -1  0.951   79187673   12654193  31189  77972    406  0.53(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.419 30.420    0  1.001   41880983    6736349  16093  40232    419
375.8178 30.419 30.420    0  1.001   32443227    5153556  12954  32385    398  1.29(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.298 31.312   -1  0.979   37920541    8435876  16509  41272    511
385.8610 31.298 31.312   -1  0.979   72360090   16014119  31189  77972    513  0.52(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.325 31.325    0  1.001   38697553    8697185  16093  40232    540
375.8178 31.325 31.325    0  1.001   31142763    6786740  12954  32385    524  1.24(1.05-1.43)

13C-1,2,3,7,8,9-HxCDF
383.8639 32.150 32.151    0  1.006   34035961    8266623  16509  41272    501
385.8610 32.150 32.151    0  1.006   63471149   15466816  31189  77972    496  0.54(0.43-0.59)
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Report Date: 20-Dec-2019 14:12:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,7,8,9-HxCDF
373.8208 32.164 32.164    0  1.000   35163005    8544035  16093  40232    531
375.8178 32.164 32.164    0  1.000   27829103    6627657  12954  32385    512  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 29.880   16093   40232
375.8178 29.880   12954   32385

13C-1,2,3,7,8,9-HxCDD
401.8559 31.964 31.964    0   84082746   19776455  19783  49457   1000
403.8529 31.964 31.964    0   63791792   14871966  18150  45375    819  1.32(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.498 31.511   -1  0.985   48455617   12224843  19783  49457    618
403.8529 31.498 31.511   -1  0.985   38595654    9718193  18150  45375    535  1.26(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.524 31.525    0  1.001   25317947    6302112   9546  23865    660
391.8127 31.511 31.525   -1  1.000   20038100    5010087   7286  18215    688  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 31.618 31.618    0  0.989   53142666   12058652  19783  49457    610
403.8529 31.618 31.618    0  0.989   41460138    9603879  18150  45375    529  1.28(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.631 31.631    0  1.000   28886595    6471086   9546  23865    678
391.8127 31.631 31.631    0  1.000   22862455    5218364   7286  18215    716  1.26(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.977 31.977    0  1.015   29990521    7203161   9546  23865    755
391.8127 31.977 31.977    0  1.015   23725789    5671831   7286  18215    778  1.26(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8157 30.519    9546   23865
391.8127 30.519    7286   18215

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.616 33.628   -1  1.052   24434473    8191886  32687  81717    251
419.8220 33.616 33.628   -1  1.052   54639265   17543905  68378 170945    257  0.45(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.628 33.628    0  1.000   31340917   10134215  41540 103850    244
409.7789 33.628 33.628    0  1.000   30170150    9664075  42662 106655    227  1.04(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.685 34.697   -1  1.085   22622343    6737155  32687  81717    206
419.8220 34.685 34.697   -1  1.085   52765194   15731103  68378 170945    230  0.43(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.697 34.709   -1  1.000   25718370    7646211  41540 103850    184
409.7789 34.697 34.709   -1  1.000   24639228    7352502  42662 106655    172  1.04(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7818 34.169   41540  103850
409.7789 34.169   42662  106655

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.405 34.418   -1  1.076   38033993   11303580  25556  63890    442
437.8140 34.405 34.418   -1  1.076   35614113   10918145  19817  49542    551  1.07(0.88-1.20)
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Report Date: 20-Dec-2019 14:12:43 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

1,2,3,4,6,7,8-HpCDD
423.7766 34.417 34.418    0  1.000   20067033    6048356  18096  45240    334
425.7737 34.405 34.418   -1  1.000   18937998    5495470  12710  31775    432  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7766 34.144   18096   45240
425.7737 34.144   12710   31775

13C-OCDD
469.7779 36.722 36.734   -1  1.149   45703771   11311065   6858  17145   1649
471.7750 36.722 36.734   -1  1.149   49433447   12498691   7849  19622   1592  0.92(0.76-1.02)

OCDF
441.7428 36.829 36.830    0  1.003   32639783    8465547   7004  17510   1209
443.7399 36.829 36.830    0  1.003   36214130    9076475   6069  15172   1496  0.90(0.76-1.02)

OCDD
457.7377 36.734 36.746   -1  1.000   23667951    6101068   3661   9152   1667
459.7348 36.734 36.746   -1  1.000   26550139    6970400   4461  11152   1563  0.89(0.76-1.02)
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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F1:m/z     317.9389:SG5Pt_x1
13C-2,3,7,8-TCDF
          17.10
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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          17.81
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TCDD Standards
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13C-1,2,3,4-TCDD
          17.60

13C-2,3,7,8-TCDD
          17.79
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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F1:m/z     333.9339:SG5Pt_x1

13C-1,2,3,4-TCDD
          17.60

13C-2,3,7,8-TCDD
          17.79
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1:m/z     341.8567:SG5Pt_x1
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1 PeCDFs Interference Mass
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1
2,3,4,6,7,8-HxCDF
          31.32

HxCDF Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F3:m/z     383.8639:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.15

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F3:m/z     385.8610:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDF
          32.15
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

0)

F3:m/z     373.8208:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.32

1,2,3,6,7,8-HxCDF
          30.42

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

8

16

24

32

40

48

56

64

72

80

Y
 ( 

X
10

00
00

)

F3:m/z     375.8178:SG5Pt_x1

2,3,4,6,7,8-HxCDF
          31.32

1,2,3,6,7,8-HxCDF
          30.42

HxCDF Interference Mass

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-3

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
)

F3:m/z     445.7555:SG5Pt_x1

30.25
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
00

)

F3:m/z     389.8157:SG5Pt_x1

1,2,3,7,8,9-HxCDD
          31.98

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
00

)

F3:m/z     391.8127:SG5Pt_x1

1,2,3,7,8,9-HxCDD
          31.98

HxCDD Standards

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

-1

3

7

11

15

19

23

Y
 ( 

X
10

00
00

0)

F3:m/z     401.8559:SG5Pt_x1
13C-1,2,3,7,8,9-HxCDD
          31.96

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F3:m/z     403.8529:SG5Pt_x1

13C-1,2,3,7,8,9-HxCDD
          31.96
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.70

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1
1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.70

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     417.8253:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.62

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDF
          33.62
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.70

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.63

1,2,3,4,7,8,9-HpCDF
          34.70

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

3

6

9

12

15

18

21

24

27

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

9

19

29

39

49

59

69

Y
 ( 

X
10

00
00

)

F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.42

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

8

17

26

35

44

53

62

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1
1,2,3,4,6,7,8-HpCDD
          34.41

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

15

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.41

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.41
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  36.83

40.02

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  36.83

OCDF Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1

13C-OCDD
  36.72

37.38

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.72

37.34
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

1

2

3

4

5

6

7

8

9

10

11

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.83

40.02

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.83

OCDF Interference Mass

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-2

1

4

7

10

13

16

19

22

25

28

Y
 ( 

X
10

00
)

F5:m/z     513.6775:SG5Pt_x1

36.29 37.94
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

10

20

30

40

50

60

70

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.73

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

11

22

33

44

55

66

77

Y
 ( 

X
10

00
00

)

F5:m/z     459.7348:SG5Pt_x1
OCDD
  36.73

OCDD Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1

13C-OCDD
  36.72

37.38

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-1

2

5

8

11

14

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.72

37.34
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 20-Dec-2019 14:12:44 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_5.d
Injection Date: 19-Dec-2019 14:11:22 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 5
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56953-1

Lab Sample ID: LCSD 320-344942/3-A

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_6.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  14:58

Low2(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 346752 pg/gUnits:

CAS NO. COMPOUND NAME RESULT Q EDLRL

1.0 0.141746-01-6 2,3,7,8-TCDD 19.5

1.0 0.1251207-31-9 2,3,7,8-TCDF 21.1

5.0 0.2840321-76-4 1,2,3,7,8-PeCDD 100

5.0 0.5157117-41-6 1,2,3,7,8-PeCDF 102

5.0 0.5657117-31-4 2,3,4,7,8-PeCDF 97.9

5.0 0.3539227-28-6 1,2,3,4,7,8-HxCDD 96.9

5.0 0.3757653-85-7 1,2,3,6,7,8-HxCDD 101

5.0 0.3219408-74-3 1,2,3,7,8,9-HxCDD 96.3

5.0 0.6570648-26-9 1,2,3,4,7,8-HxCDF 98.3

5.0 0.6857117-44-9 1,2,3,6,7,8-HxCDF 105

5.0 0.5272918-21-9 1,2,3,7,8,9-HxCDF 106

5.0 0.5060851-34-5 2,3,4,6,7,8-HxCDF 106

5.0 0.5635822-46-9 1,2,3,4,6,7,8-HpCDD 99.1

5.0 1.067562-39-4 1,2,3,4,6,7,8-HpCDF 107

5.0 1.355673-89-7 1,2,3,4,7,8,9-HpCDF 99.8

10 0.283268-87-9 OCDD 199

10 0.3739001-02-0 OCDF 199

1.0 0.1441903-57-5 Total TCDD 19.6

1.0 0.1230402-14-3 Total TCDF 21.1

5.0 0.2836088-22-9 Total PeCDD 100

5.0 0.5330402-15-4 Total PeCDF 200

5.0 0.3434465-46-8 Total HxCDD 294

5.0 0.5955684-94-1 Total HxCDF 415

5.0 0.5637871-00-4 Total HpCDD 99.1

5.0 1.238998-75-3 Total HpCDF 207

FORM I 1613B
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FORM I
DIOXIN ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-56953-1

Lab Sample ID: LCSD 320-344942/3-A

Eurofins TestAmerica, Sacramento

Matrix: 19DE193D5_6.dLab File ID:

Date Collected:1613BAnalysis Method:

Sediment

Level: (low/med)

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Analyzed:

Date Extracted:

Dilution Factor:

Extract. Method: 12/12/2019  08:56

1

HRMS-Sox

12/19/2019  14:58

Low2(uL)

20(uL)

% Moisture:

Sample wt/vol: 10(g)

N

Analysis Batch No.: 346752 pg/gUnits:

%RECCAS NO. LIMITSQISOTOPE DILUTION

55 20-17576523-40-5 13C-2,3,7,8-TCDD

53 22-15289059-46-1 13C-2,3,7,8-TCDF

53 21-227109719-79-1 13C-1,2,3,7,8-PeCDD

53 21-192109719-77-9 13C-1,2,3,7,8-PeCDF

55 13-328116843-02-8 13C-2,3,4,7,8-PeCDF

57 21-193109719-80-4 13C-1,2,3,4,7,8-HxCDD

59 25-163109719-81-5 13C-1,2,3,6,7,8-HxCDD

57 19-202114423-98-2 13C-1,2,3,4,7,8-HxCDF

55 21-159116843-03-9 13C-1,2,3,6,7,8-HxCDF

54 17-205116843-04-0 13C-1,2,3,7,8,9-HxCDF

56 22-176116843-05-1 13C-2,3,4,6,7,8-HxCDF

58 26-166109719-83-7 13C-1,2,3,4,6,7,8-HpCDD

56 21-158109719-84-8 13C-1,2,3,4,6,7,8-HpCDF

61 20-186109719-94-0 13C-1,2,3,4,7,8,9-HpCDF

63 13-199114423-97-1 13C-OCDD

%RECCAS NO. LIMITSQSURROGATE

88 31-19185508-50-5 37Cl4-2,3,7,8-TCDD

FORM I 1613B
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Report Date: 20-Dec-2019 14:13:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d
Lims ID: LCSD 320-344942/3-A      
Client ID:
Sample Type: LCSD
Inject. Date: 19-Dec-2019 14:58:55 ALS Bottle#: 6 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: LCSD 320-344942/3-A  LCSD 320-344942/3-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:12:08 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: dadunj Date: 20-Dec-2019 14:13:11

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,4-TCDD 17.612  197390645 0.81  2.2E+06       100.0       100.0

D 13C-2,3,7,8-TCDF 17.113  147232782 0.79   1.4157        52.7        52.7   0.1274   0.1274  52.69
  2,3,7,8-TCDF 17.128   14784744 0.76   0.9502        10.6        10.6   0.0618   0.0618    106
A Non-2,3,7,8-sub-TCDF 16.811   0.0618   0.0618
S Total TCDF        10.6        10.6   0.0618   0.0618

D 13C-2,3,7,8-TCDD 17.808  105414185 0.83   0.9751        54.8        54.8   0.1821   0.1821  54.77
  2,3,7,8-TCDD 17.823   10764672 0.77   1.0477       9.747       9.747   0.0701   0.0701  97.47
$ 37Cl4-2,3,7,8-TCDD 17.823   94159737   1.3480        35.4        35.4   0.0388   0.0388  88.47

A Non-2,3,7,8-sub-TCDD 17.249      73495 0.77   1.0477      0.1600      0.0665   0.0701   0.0701   0.00  RQ
S Total TCDD       9.907       9.813   0.0701   0.0701  RQ

D 13C-1,2,3,7,8-PeCDF 22.032  123463865 1.57   1.1786        53.1        53.1   0.1530   0.1530  53.07
  1,2,3,7,8-PeCDF 22.045   64885113 1.52   1.0302        51.0        51.0   0.2535   0.2535    102
D 13C-2,3,4,7,8-PeCDF 23.341  122204369 1.58   1.1308        54.8        54.8   0.1594   0.1594  54.75
  2,3,4,7,8-PeCDF 23.368   62293973 1.58   1.0410        49.0        49.0   0.2793   0.2793  97.94
A F1 PeCDFs 19.774   0.0666   0.0666
A Non-2,3,7,8-sub-PeCDF 22.858   0.2657   0.2657
S Total PeCDF       100.0       100.0   0.2664   0.2664

D 13C-1,2,3,7,8-PeCDD 24.050   78570832 1.66   0.7572        52.6        52.6   0.1045   0.1045  52.57
  1,2,3,7,8-PeCDD 24.077   42660180 1.61   1.0855        50.0        50.0   0.1418   0.1418    100
A Non-2,3,7,8-sub-PeCDD 22.973   0.1418   0.1418
S Total PeCDD        50.0        50.0   0.1418   0.1418

D 13C-1,2,3,4,7,8-HxCDF 30.193  110224479 0.52   1.1043        56.5        56.5   0.2422   0.2422  56.54
  1,2,3,4,7,8-HxCDF 30.220   62152353 1.26   1.1472        49.2        49.2   0.3245   0.3245  98.30
D 13C-1,2,3,6,7,8-HxCDF 30.406  110459091 0.52   1.1470        54.5        54.5   0.2331   0.2331  54.54
  1,2,3,6,7,8-HxCDF 30.433   66424416 1.22   1.1450        52.5        52.5   0.3399   0.3399    105
D 13C-2,3,4,6,7,8-HxCDF 31.312  106274418 0.53   1.0769        55.9        55.9   0.2483   0.2483  55.90
  2,3,4,6,7,8-HxCDF 31.325   66238315 1.23   1.1726        53.2        53.2   0.2508   0.2508    106
D 13C-1,2,3,7,8,9-HxCDF 32.164   95872464 0.51   1.0115        53.7        53.7   0.2644   0.2644  53.68
  1,2,3,7,8,9-HxCDF 32.177   59318794 1.22   1.1717        52.8        52.8   0.2602   0.2602    106
A Non-2,3,7,8-sub-HxCDF 29.880   0.2891   0.2891
S Total HxCDF       207.6       207.6   0.2938   0.2938
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Report Date: 20-Dec-2019 14:13:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d

Compound
RT

(min.) Area Ratio
Ical
RRF

Amount
pg/ul

EMPC
pg/ul

Noise
EDL

Final
EDL %Rec Flags

* 13C-1,2,3,7,8,9-HxCDD 31.964  176553833 1.26  2.1E+06       100.0       100.0

D 13C-1,2,3,4,7,8-HxCDD 31.511   79561369 1.30   0.7962        56.6        56.6   0.2619   0.2619  56.60
  1,2,3,4,7,8-HxCDD 31.524   42125761 1.32   1.0934        48.4        48.4   0.1736   0.1736  96.85
D 13C-1,2,3,6,7,8-HxCDD 31.618   90582895 1.23   0.8720        58.8        58.8   0.2392   0.2392  58.84
  1,2,3,6,7,8-HxCDD 31.644   47827450 1.20   1.0429        50.6        50.6   0.1842   0.1842    101
  1,2,3,7,8,9-HxCDD 31.977   49472664 1.27   1.2073        48.2        48.2   0.1582   0.1582  96.33
A Non-2,3,7,8-sub-HxCDD 30.519   0.1713   0.1713
S Total HxCDD       147.2       147.2   0.1720   0.1720

D 13C-1,2,3,4,6,7,8-HpCDF 33.628   74985936 0.43   0.7577        56.1        56.1   0.7785   0.7785  56.06
  1,2,3,4,6,7,8-HpCDF 33.640   59657095 1.09   1.4804        53.7        53.7   0.5108   0.5108    107
D 13C-1,2,3,4,7,8,9-HpCDF 34.697   74194716 0.44   0.6941        60.5        60.5   0.8498   0.8498  60.54
  1,2,3,4,7,8,9-HpCDF 34.709   47899498 1.06   1.2933        49.9        49.9   0.6510   0.6510  99.84
A Non-2,3,7,8-sub-HpCDF 34.169   0.5745   0.5745
S Total HpCDF       103.7       103.7   0.5809   0.5809

D 13C-1,2,3,4,6,7,8-HpCDD 34.417   72701056 1.05   0.7058        58.3        58.3   0.3118   0.3118  58.34
  1,2,3,4,6,7,8-HpCDD 34.430   37960972 1.01   1.0535        49.6        49.6   0.2789   0.2789  99.12
A Non-2,3,7,8-sub-HpCDD 34.144   0.2789   0.2789
S Total HpCDD        49.6        49.6   0.2789   0.2789

D 13C-OCDD 36.734  102150959 0.88   0.4603       125.7       125.7   0.2398   0.2398  62.85
  OCDF 36.841   70763766 0.92   1.3945        99.4        99.4   0.1845   0.1845  99.35
  OCDD 36.746   57640392 0.90   1.1362        99.3        99.3   0.1395   0.1395  99.33

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 20-Dec-2019 14:13:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02

Eurofins TestAmerica, Sacramento
Target Compound Quantitation Worksheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d
Lims ID: LCSD 320-344942/3-A      
Client ID:
Sample Type: LCSD
Inject. Date: 19-Dec-2019 14:58:55 ALS Bottle#: 6 Worklist Smp#: 6
Injection Vol: 2.0 ul Dil. Factor: 1.0000     
Sample Info: LCSD 320-344942/3-A  LCSD 320-344942/3-A
Misc. Info.: 19DE193D5
Operator ID:  AJS Instrument ID: 3D5

Method: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\Dioxin_3D5.m
Limit Group: HR - 1613B - ICAL
Last Update: 20-Dec-2019 14:12:08 Calib Date: 12-Dec-2019 14:39:03
Integrator: Picker
Quant Method: Isotopic Dilution Quant By: Initial Calibration
Last ICal File: \\chromna\Sacramento\ChromData\3D5\20191212-88180.b\12DE193D5_7.d

Column 1 : DB-5 ( 0.32 mm) Det: F1:HRSIR
Process Host: CTX0336

First Level Reviewer: dadunj Date: 20-Dec-2019 14:13:11

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4-TCDD
331.9368 17.612 17.612    0   88579343   22614083  22659  56647    998
333.9339 17.612 17.612    0  108811302   28018684  13295  33237   2107  0.81(0.65-0.89)

13C-2,3,7,8-TCDF
315.9419 17.113 17.113    0  0.972   64921474   16560523  19784  49460    837
317.9389 17.113 17.113    0  0.972   82311308   20677123  16755  41887   1234  0.79(0.65-0.89)

2,3,7,8-TCDF
303.9016 17.128 17.128    0  1.001    6382614    1676261   3156   7890    531
305.8987 17.128 17.128    0  1.001    8402130    2165228   5584  13960    388  0.76(0.65-0.89)

A Non-2,3,7,8-sub-TCDF
303.9016 16.811    3156    7890
305.8987 16.811    5584   13960

13C-2,3,7,8-TCDD
331.9368 17.808 17.793    1  1.011   47654227   10436429  22659  56647    461
333.9339 17.808 17.793    1  1.011   57759958   13546407  13295  33237   1019  0.83(0.65-0.89)

2,3,7,8-TCDD
319.8965 17.823 17.823    0  1.001    4682450    1142317   4594  11485    249
321.8936 17.823 17.823    0  1.001    6082222    1451236   2449   6122    593  0.77(0.65-0.89)

37Cl4-2,3,7,8-TCDD
327.8847 17.823 17.823    0  1.012   94159737   22269302  10591  26477   2103

A Non-2,3,7,8-sub-TCDD RQ

319.8965 17.113 17.249   -8  0.961     135158      31654   4594  11485      7
Empc Correction      31972       9025   4594  11485      2

321.8936 17.113 17.249   -8  0.961      41523      11722   2449   6122      5  3.26(0.65-0.89)
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Report Date: 20-Dec-2019 14:13:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8-PeCDF
351.9000 22.032 22.018    1  1.251   75495163   13647282  22350  55875    611
353.8970 22.032 22.018    1  1.251   47968702    8895405  14161  35402    628  1.57(1.32-1.78)

1,2,3,7,8-PeCDF
339.8597 22.045 22.045    0  1.001   39127170    7007921  12761  31902    549
341.8567 22.045 22.045    0  1.001   25757943    4642461  10787  26967    430  1.52(1.32-1.78)

13C-2,3,4,7,8-PeCDF
351.9000 23.341 23.341    0  1.325   74819111   12247164  22350  55875    548
353.8970 23.341 23.341    0  1.325   47385258    8000160  14161  35402    565  1.58(1.32-1.78)

2,3,4,7,8-PeCDF
339.8597 23.368 23.355    1  1.001   38157377    6345361  12761  31902    497
341.8567 23.368 23.355    1  1.001   24136596    3980792  10787  26967    369  1.58(1.32-1.78)

A F1 PeCDFs
339.8597 19.774    1522    3805
341.8567 19.774    4382   10955

A Non-2,3,7,8-sub-PeCDF
339.8597 22.858   12761   31902
341.8567 22.858   10787   26967

13C-1,2,3,7,8-PeCDD
367.8949 24.050 24.050    0  1.366   49005605    7723528  10384  25960    744
369.8919 24.050 24.050    0  1.366   29565227    4724095   5643  14107    837  1.66(1.32-1.78)

1,2,3,7,8-PeCDD
355.8546 24.077 24.077    0  1.001   26317395    3936756   5239  13097    751
357.8516 24.077 24.077    0  1.001   16342785    2543889   2424   6060   1049  1.61(1.32-1.78)

A Non-2,3,7,8-sub-PeCDD
355.8546 22.973    5239   13097
357.8516 22.973    2424    6060

13C-1,2,3,4,7,8-HxCDF
383.8639 30.193 30.193    0  0.945   37848906    6454778  15658  39145    412
385.8610 30.193 30.193    0  0.945   72375573   12577718  30320  75800    415  0.52(0.43-0.59)

1,2,3,4,7,8-HxCDF
373.8208 30.220 30.206    1  1.001   34637023    5879717  15423  38557    381
375.8178 30.206 30.206    0  1.000   27515330    4622324  12915  32287    358  1.26(1.05-1.43)

13C-1,2,3,6,7,8-HxCDF
383.8639 30.406 30.406    0  0.951   37663766    6389667  15658  39145    408
385.8610 30.406 30.406    0  0.951   72795325   11813907  30320  75800    390  0.52(0.43-0.59)

1,2,3,6,7,8-HxCDF
373.8208 30.433 30.420    1  1.001   36446709    6221122  15423  38557    403
375.8178 30.419 30.420    0  1.000   29977707    4983779  12915  32287    386  1.22(1.05-1.43)

13C-2,3,4,6,7,8-HxCDF
383.8639 31.312 31.312    0  0.980   36732487    8435137  15658  39145    539
385.8610 31.312 31.312    0  0.980   69541931   15653020  30320  75800    516  0.53(0.43-0.59)

2,3,4,6,7,8-HxCDF
373.8208 31.325 31.325    0  1.000   36480702    8201920  15423  38557    532
375.8178 31.325 31.325    0  1.000   29757613    6832862  12915  32287    529  1.23(1.05-1.43)
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Report Date: 20-Dec-2019 14:13:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,7,8,9-HxCDF
383.8639 32.164 32.151    1  1.006   32577141    8065312  15658  39145    515
385.8610 32.164 32.151    1  1.006   63295323   15176127  30320  75800    501  0.51(0.43-0.59)

1,2,3,7,8,9-HxCDF
373.8208 32.177 32.164    1  1.000   32627180    7953987  15423  38557    516
375.8178 32.177 32.164    1  1.000   26691614    6297250  12915  32287    488  1.22(1.05-1.43)

A Non-2,3,7,8-sub-HxCDF
373.8208 29.880   15423   38557
375.8178 29.880   12915   32287

13C-1,2,3,7,8,9-HxCDD
401.8559 31.964 31.964    0   98530363   24166405  18924  47310   1277
403.8529 31.964 31.964    0   78023470   18819432  16933  42332   1111  1.26(1.05-1.43)

13C-1,2,3,4,7,8-HxCDD
401.8559 31.511 31.511    0  0.986   45010407   11865407  18924  47310    627
403.8529 31.511 31.511    0  0.986   34550962    9200802  16933  42332    543  1.30(1.05-1.43)

1,2,3,4,7,8-HxCDD
389.8157 31.524 31.525    0  1.000   23975553    6176852   8848  22120    698
391.8127 31.524 31.525    0  1.000   18150208    4847925   7149  17872    678  1.32(1.05-1.43)

13C-1,2,3,6,7,8-HxCDD
401.8559 31.618 31.618    0  0.989   49936916   11457976  18924  47310    605
403.8529 31.618 31.618    0  0.989   40645979    9365006  16933  42332    553  1.23(1.05-1.43)

1,2,3,6,7,8-HxCDD
389.8157 31.644 31.631    1  1.001   26082170    6073619   8848  22120    686
391.8127 31.631 31.631    0  1.000   21745280    4956543   7149  17872    693  1.20(1.05-1.43)

1,2,3,7,8,9-HxCDD
389.8157 31.977 31.977    0  1.015   27664015    6655351   8848  22120    752
391.8127 31.977 31.977    0  1.015   21808649    5339979   7149  17872    747  1.27(1.05-1.43)

A Non-2,3,7,8-sub-HxCDD
389.8157 30.519    8848   22120
391.8127 30.519    7149   17872

13C-1,2,3,4,6,7,8-HpCDF
417.8253 33.628 33.628    0  1.052   22636903    7583494  32952  82380    230
419.8220 33.628 33.628    0  1.052   52349033   16990598  68471 171177    248  0.43(0.37-0.51)

1,2,3,4,6,7,8-HpCDF
407.7818 33.640 33.628    1  1.000   31087725    9926922  42779 106947    232
409.7789 33.640 33.628    1  1.000   28569370    9130429  31555  78887    289  1.09(0.88-1.20)

13C-1,2,3,4,7,8,9-HpCDF
417.8253 34.697 34.697    0  1.086   22828469    6756021  32952  82380    205
419.8220 34.697 34.697    0  1.086   51366247   15316506  68471 171177    224  0.44(0.37-0.51)

1,2,3,4,7,8,9-HpCDF
407.7818 34.709 34.709    0  1.000   24593469    7309397  42779 106947    171
409.7789 34.709 34.709    0  1.000   23306029    6899678  31555  78887    219  1.06(0.88-1.20)

A Non-2,3,7,8-sub-HpCDF
407.7818 34.169   42779  106947
409.7789 34.169   31555   78887
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Report Date: 20-Dec-2019 14:13:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d

Signal
RT

(min.)
Exp RT
(min.)

P
Sec.

REL
RT Area Height

Avg
Noise

EDL
Height S/N Ratio(Limits) Flags

13C-1,2,3,4,6,7,8-HpCDD
435.8169 34.417 34.418    0  1.077   37232209   11453624  18632  46580    615
437.8140 34.417 34.418    0  1.077   35468847   10658709  19210  48025    555  1.05(0.88-1.20)

1,2,3,4,6,7,8-HpCDD
423.7766 34.430 34.418    1  1.000   19118691    5756890  13734  34335    419
425.7737 34.430 34.418    1  1.000   18842281    5554312  12257  30642    453  1.01(0.88-1.20)

A Non-2,3,7,8-sub-HpCDD
423.7766 34.144   13734   34335
425.7737 34.144   12257   30642

13C-OCDD
469.7779 36.734 36.734    0  1.149   47862822   12120977  10098  25245   1200
471.7750 36.734 36.734    0  1.149   54288137   13852867   8877  22192   1561  0.88(0.76-1.02)

OCDF
441.7428 36.841 36.830    1  1.003   33835860    8929931   5570  13925   1603
443.7399 36.829 36.830    0  1.003   36927906    9661922   7792  19480   1240  0.92(0.76-1.02)

OCDD
457.7377 36.746 36.746    0  1.000   27244761    7266725   4359  10897   1667
459.7348 36.746 36.746    0  1.000   30395631    8155348   3872   9680   2106  0.90(0.76-1.02)

QC Flag Legend
Processing Flags
  R - Failed Signal Ratio Test
  Q - EMPC-Estimated Max. Possible Conc.
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Report Date: 20-Dec-2019 14:13:12 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

AreaSum WorkSheet Report

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d
Lims ID: LCSD 320-344942/3-A
Client ID:
Inject. Date: 19-Dec-2019 14:58:55 Dil. Factor: 1.0000     
Sample Type: LCSD, LCS Duplicate
Instrument ID: 3D5 Operator:  AJS
Lims Batch ID: 346752 Lims Sample ID: 6

Non-2,3,7,8-sub-TCDD, RT: 17.249

Initial Calibration RRF IsoDil Std Amount Added and Responses

Target
Compound RRF

Iso Dil Std
Compound

Amount
pg/ul Area Height

  2,3,7,8-TCDD                       1.048 D 13C-2,3,7,8-TCDD                        100.000       105414185        23982836
Averages:

RRFn Qis Ris Area Ris Height
  1.048        100.000       105414185        23982836

Sum the Uncalibrated Results

RT
319.8965

Area
319.8965

Height
321.8936

Area
321.8936

Height
Amount

Ratio Flags

17.113            135158             31654             41523             11722      0.1600 3.26 RQ
17.113             31972              9025             41523             11722      0.0665 Empc Correction
Signal Totals:

            31972              9025             41523             11722
Total Responses:

Rx Area Rx Height Amount Ratio Flags

           176681             43376 3.26 RQ
            73495             20747 Empc Correction

On-Column Amount = (Rx * Qis) / (Ris * RRFn)
Quant By: Area

Amount:         0.1600 = (176681 * 100.000) / (105414185 * 1.048)
Empc Amount:         0.0665 = (73495 * 100.000) / (105414185 * 1.048)

QC Flag Legend

Processing Flags
R - Failed Signal Ratio Test
Q - EMPC-Estimated Max. Possible Conc.
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Standards
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F1:m/z     315.9419:SG5Pt_x1
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDF
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TCDF Interference Mass
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
TCDD
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          17.82

Non-2,3,7,8-sub-TCDD
          17.11

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
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TCDD Standards
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          17.81
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Client ID:
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Column Type: DB-5 Column Dia:  0.32 mm
37Cl4-TCDD
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
F1 PeCDFs
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F1:m/z     341.8567:SG5Pt_x1

F1 PeCDFs Interference Mass
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16.08
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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          23.37
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDF
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PeCDF Interference Mass
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
PeCDD
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDF
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1,2,3,6,7,8-HxCDF
          30.43
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HxCDF Interference Mass
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Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HxCDD
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Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.64

1,2,3,4,7,8,9-HpCDF
          34.71

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.64

1,2,3,4,7,8,9-HpCDF
          34.71

HpCDF Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

12

25

38

51

64

77

90

Y
 ( 

X
10

00
00

)

F4:m/z     417.8253:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.63

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

2

5

8

11

14

17

20

Y
 ( 

X
10

00
00

0)

F4:m/z     419.8220:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDF
          33.63
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Report Date: 20-Dec-2019 14:13:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d
Injection Date: 19-Dec-2019 14:58:55 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDF

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     407.7818:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.64

1,2,3,4,7,8,9-HpCDF
          34.71

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

Y
 ( 

X
10

00
00

0)

F4:m/z     409.7789:SG5Pt_x1

1,2,3,4,6,7,8-HpCDF
          33.64

1,2,3,4,7,8,9-HpCDF
          34.71

HpCDF Interference Mass

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

4

8

12

16

20

24

28

32

36

Y
 ( 

X
10

00
)

F4:m/z     479.7165:SG5Pt_x1
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Report Date: 20-Dec-2019 14:13:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d
Injection Date: 19-Dec-2019 14:58:55 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
HpCDD

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

9

19

29

39

49

59

69

Y
 ( 

X
10

00
00

)

F4:m/z     423.7766:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.43

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

9

18

27

36

45

54

63

72

Y
 ( 

X
10

00
00

)

F4:m/z     425.7737:SG5Pt_x1

1,2,3,4,6,7,8-HpCDD
          34.43

HpCDD Standards

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F4:m/z     435.8169:SG5Pt_x1

13C-1,2,3,4,6,7,8-HpCDD
          34.42

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

-1

1

3

5

7

9

11

13

Y
 ( 

X
10

00
00

0)

F4:m/z     437.8140:SG5Pt_x1
13C-1,2,3,4,6,7,8-HpCDD
          34.42
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Report Date: 20-Dec-2019 14:13:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d
Injection Date: 19-Dec-2019 14:58:55 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428:SG5Pt_x1
OCDF
  36.84

40.03

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399:SG5Pt_x1
OCDF
  36.83

OCDF Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.73

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.73
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Report Date: 20-Dec-2019 14:13:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d
Injection Date: 19-Dec-2019 14:58:55 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDF

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     441.7428:SG5Pt_x1

OCDF
  36.84

40.03

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

Y
 ( 

X
10

00
00

0)

F5:m/z     443.7399:SG5Pt_x1

OCDF
  36.83

OCDF Interference Mass

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

-3

0

3

6

9

12

15

18

21

24

Y
 ( 

X
10

00
)

F5:m/z     513.6775:SG5Pt_x1

40.66

39.25

39.72
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Report Date: 20-Dec-2019 14:13:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d
Injection Date: 19-Dec-2019 14:58:55 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm
OCDD

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

12

24

36

48

60

72

84

Y
 ( 

X
10

00
00

)

F5:m/z     457.7377:SG5Pt_x1
OCDD
  36.75

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

Y
 ( 

X
10

00
00

0)

F5:m/z     459.7348:SG5Pt_x1

OCDD
  36.75

OCDD Standards

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

2

4

6

8

10

12

14

Y
 ( 

X
10

00
00

0)

F5:m/z     469.7779:SG5Pt_x1
13C-OCDD
  36.73

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

3

6

9

12

15

18

Y
 ( 

X
10

00
00

0)

F5:m/z     471.7750:SG5Pt_x1
13C-OCDD
  36.73
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Report Date: 20-Dec-2019 14:13:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d
Injection Date: 19-Dec-2019 14:58:55 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm

14.0 14.6 15.2 15.8 16.4 17.0 17.6 18.2 18.8 19.4 20.0
Min

0

13

26

39

52

65

78

91

Y

F1:m/z     330.9792:SG5Pt_x1

20.4 21.0 21.6 22.2 22.8 23.4 24.0 24.6 25.2 25.8 26.4
Min

0

13

26

39

52

65

78

91

Y

F2:m/z     342.9792:SG5Pt_x1

26.5 27.1 27.7 28.3 28.9 29.5 30.1 30.7 31.3 31.9 32.5 33.1
Min

0

13

26

39

52

65

78

91

Y

F3:m/z     380.9760:SG5Pt_x1

33.2 33.4 33.6 33.8 34.0 34.2 34.4 34.6 34.8 35.0 35.2 35.4
Min

0

13

26

39

52

65

78

91

Y

F4:m/z     430.9729:SG5Pt_x1
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Report Date: 20-Dec-2019 14:13:13 Chrom Revision: 2.3  15-Dec-2019 06:20:02
Eurofins TestAmerica, Sacramento

Data File: \\chromna\Sacramento\ChromData\3D5\20191219-88588.b\19DE193D5_6.d
Injection Date: 19-Dec-2019 14:58:55 Injection Vol: 2.0 ul
Instrument ID: 3D5 Operator ID:  AJS
Method: Dioxin_3D5 Limit Group: HR - 1613B - ICAL
Client ID:
Worklist#: 346752 Sample Line#: 6
Column Type: DB-5 Column Dia:  0.32 mm

35.0 37.0 39.0 41.0 43.0 45.0 47.0
Min

0

13

26

39

52

65

78

91

Y

F5:m/z     442.9728:SG5Pt_x1
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56953-1

11D2

312067

Start Date:

End Date: 08/02/2019  06:03

08/02/2019  01:35

CPS 320-312067/1 DB-225 0.32(mm)108/02/2019  01:35 02AU1911D2_001.
d

IC 320-312067/3 DB-225 0.32(mm)108/02/2019  02:52 02AU1911D2_003.
d

IC 320-312067/4 DB-225 0.32(mm)108/02/2019  03:30 02AU1911D2_004.
d

IC 320-312067/5 DB-225 0.32(mm)108/02/2019  04:08 02AU1911D2_005.
d

IC 320-312067/6 DB-225 0.32(mm)108/02/2019  04:46 02AU1911D2_006.
d

IC 320-312067/7 DB-225 0.32(mm)108/02/2019  05:25 02AU1911D2_007.
d

ICV 320-312067/8 DB-225 0.32(mm)108/02/2019  06:03 02AU1911D2_008.
d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56953-1

3D5

345037

Start Date:

End Date: 12/12/2019  16:24

12/12/2019  09:53

WDM 320-345037/1 DB-5 0.32(mm)112/12/2019  09:53 12DE193D5_1.d

IC 320-345037/3 DB-5 0.32(mm)112/12/2019  11:28 12DE193D5_3.d

IC 320-345037/4 DB-5 0.32(mm)112/12/2019  12:16 12DE193D5_4.d

IC 320-345037/5 DB-5 0.32(mm)112/12/2019  13:04 12DE193D5_5.d

IC 320-345037/6 DB-5 0.32(mm)112/12/2019  13:51 12DE193D5_6.d

IC 320-345037/7 DB-5 0.32(mm)112/12/2019  14:39 12DE193D5_7.d

ICV 320-345037/9 DB-5 0.32(mm)112/12/2019  16:24 12DE193D5_9.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56953-1

3D5

346752

Start Date:

End Date: 12/19/2019  21:19

12/19/2019  11:00

WDM 320-346752/1 DB-5 0.32(mm)112/19/2019  11:00 19DE193D5_1.d

CCV 320-346752/2 DB-5 0.32(mm)112/19/2019  11:48 19DE193D5_2.d

MB 320-344942/1-A DB-5 0.32(mm)112/19/2019  13:23 19DE193D5_4.d

LCS 320-344942/2-A DB-5 0.32(mm)112/19/2019  14:11 19DE193D5_5.d

LCSD 320-344942/3-A DB-5 0.32(mm)112/19/2019  14:58 19DE193D5_6.d

320-56953-1 DB-5 0.32(mm)112/19/2019  15:46 19DE193D5_7.d

320-56953-2 DB-5 0.32(mm)112/19/2019  16:33 19DE193D5_8.d

320-56953-3 DB-5 0.32(mm)112/19/2019  17:21 19DE193D5_9.d

320-56953-4 DB-5 0.32(mm)112/19/2019  18:09 19DE193D5_10.d

320-56953-5 DB-5 0.32(mm)112/19/2019  18:56 19DE193D5_11.d

320-56953-6 DB-5 0.32(mm)112/19/2019  19:44 19DE193D5_12.d

320-56953-7 DB-5 0.32(mm)112/19/2019  20:31 19DE193D5_13.d

320-56953-8 DB-5 0.32(mm)112/19/2019  21:19 19DE193D5_14.d

1613B
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

DIOXIN ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

Eurofins TestAmerica, Sacramento 320-56953-1

11D2

346764

Start Date:

End Date: 12/19/2019  23:52

12/19/2019  16:13

CPS 320-346764/1 DB-225 0.32(mm)112/19/2019  16:13 19DE19A11D2_001
.d

CCV 320-346764/2 DB-225 0.32(mm)112/19/2019  16:51 19DE19A11D2_002
.d

320-56953-2 RA DB-225 0.32(mm)112/19/2019  20:41 19DE19A11D2_008
.d

320-56953-1 RA DB-225 0.32(mm)112/19/2019  21:19 19DE19A11D2_009
.d

320-56953-5 RA DB-225 0.32(mm)112/19/2019  21:57 19DE19A11D2_010
.d

320-56953-6 RA DB-225 0.32(mm)112/19/2019  22:36 19DE19A11D2_011
.d

320-56953-7 RA DB-225 0.32(mm)112/19/2019  23:14 19DE19A11D2_012
.d

320-56953-8 RA DB-225 0.32(mm)112/19/2019  23:52 19DE19A11D2_013
.d

1613B
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Lab Name: Job No.:

SDG No.:

DIOXIN BATCH WORKSHEET

320-56953-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Hubbard, Justin M

12/19/19  09:00

12/12/19  08:56344942

Batch Method:

Eurofins TestAmerica, Sacramento

HRMS-Sox

Lab Sample ID Client Sample ID Method Chain Basis InitialAmount FinalAmount ExtractionID RotoVapID HRDXNIDA 00406 HRDXNIS 00121

10 g 20 uL G1 1 1 mL 20 uLHRMS-Sox, 
1613B

MB 320-344942/1

10 g 20 uL 2 3 1 mL 20 uLHRMS-Sox, 
1613B

LCS 
320-344942/2

10 g 20 uL 3 1 1 mL 20 uLHRMS-Sox, 
1613B

LCSD 
320-344942/3

11187072-120919-
BN-SJSSA07(0-1)

10.31 g 20 uL 4 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56953-A-1

11187072-120919-
BN-SJSSA07(1-2)

10.25 g 20 uL 5 1 1 mL 20 uLHRMS-Sox, 
1613B

T320-56953-A-2

11187072-120919-
BN-SJSSA07(2-4)

10.17 g 20 uL 6 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56953-A-3

11187072-120919-
BN-SJSSA07(4-6)

10.12 g 20 uL H1 1 1 mL 20 uLHRMS-Sox, 
1613B

T320-56953-A-4

11187072-120919-
BN-SJSSA04(0-1)

10.09 g 20 uL 2 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56953-A-5

11187072-120919-
BN-SJSSA04(1-2)

10.10 g 20 uL 3 1 1 mL 20 uLHRMS-Sox, 
1613B

T320-56953-A-6

11187072-120919-
BN-SJSSA04(2-4)

10.22 g 20 uL 4 3 1 mL 20 uLHRMS-Sox, 
1613B

T320-56953-A-7

11187072-120919-
BN-SJSSA04(4-6)

9.99 g 20 uL 5 1 1 mL 20 uLHRMS-Sox, 
1613B

T320-56953-A-8

Lab Sample ID Client Sample ID Method Chain Basis HRDXNSU 00223 HRDXNTA 00117

1 mLHRMS-Sox, 
1613B

MB 320-344942/1

1 mL 50 uLHRMS-Sox, 
1613B

LCS 
320-344942/2

1 mL 50 uLHRMS-Sox, 
1613B

LCSD 
320-344942/3

11187072-120919-
BN-SJSSA07(0-1)

1 mLHRMS-Sox, 
1613B

T320-56953-A-1

11187072-120919-
BN-SJSSA07(1-2)

1 mLHRMS-Sox, 
1613B

T320-56953-A-2

11187072-120919-
BN-SJSSA07(2-4)

1 mLHRMS-Sox, 
1613B

T320-56953-A-3

11187072-120919-
BN-SJSSA07(4-6)

1 mLHRMS-Sox, 
1613B

T320-56953-A-4

11187072-120919-
BN-SJSSA04(0-1)

1 mLHRMS-Sox, 
1613B

T320-56953-A-5

11187072-120919-
BN-SJSSA04(1-2)

1 mLHRMS-Sox, 
1613B

T320-56953-A-6

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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Lab Name: Job No.:

SDG No.:

DIOXIN BATCH WORKSHEET

320-56953-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Hubbard, Justin M

12/19/19  09:00

12/12/19  08:56344942

Batch Method:

Eurofins TestAmerica, Sacramento

HRMS-Sox

Lab Sample ID Client Sample ID Method Chain Basis HRDXNSU 00223 HRDXNTA 00117

11187072-120919-
BN-SJSSA04(2-4)

1 mLHRMS-Sox, 
1613B

T320-56953-A-7

11187072-120919-
BN-SJSSA04(4-6)

1 mLHRMS-Sox, 
1613B

T320-56953-A-8

Batch Notes

20% DCM:Hexane ID 1801131 mL

65% DCM:Hexane ID 1813089 mL

Acid Silica Gel ID 1840605

Acid Alumina ID 18X

Balance ID QA-070

C14 ID STBJ0716

Hexane ID 1846023 mL

IFB Clean Up GLB 12-*18-19

Na2SO4 ID 0000228308

Analyst ID - IDA Reagent Drop FC 12/12/19 HD05018 HRDXNIDA_00406 B-2/4

Analyst ID - IDA Reagent Drop Witness JH 12/12/19

Analyst ID - IS Reagent Drop GLB 12-19-19 20uL HRDXNIS00121 B 2/4 DB15270

Analyst ID - IS Reagent Drop Witness JH 12-19-19

Analyst ID - SU Reagent Drop GLB 12-18-19 1.0mL HRDXNSU00223 B 2/3 HDO5O18

Analyst ID - SU Reagent Drop Witness TGL 12-18-19

Analyst ID - TA Reagent Drop FC 12/12/19 DB05018 HRDXNTA_00117 B-7/10

Analyst ID - TA Reagent Drop Witness JH 12/12/19

Silica Gel ID 1839057

Soxhlet/Soxtherm End 14:00 JH 12-12-19

Soxhlet/Soxtherm Start 11:00 JH 12-12-19

Storage Box ID DXN 119

Toluene ID 0000227961 mL

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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COVER PAGE

Lab Name:   Job Number: 

Client Sample ID Lab Sample ID

GENERAL CHEMISTRY

Project: San Jacinto River Waste Pits Superfund

SDG No.:  

320-56953-1Eurofins TestAmerica, Sacramento

320-56953-1 11187072-120919-BN-SJSSA07(0-1)
320-56953-2 11187072-120919-BN-SJSSA07(1-2)
320-56953-3 11187072-120919-BN-SJSSA07(2-4)
320-56953-4 11187072-120919-BN-SJSSA07(4-6)
320-56953-5 11187072-120919-BN-SJSSA04(0-1)
320-56953-6 11187072-120919-BN-SJSSA04(1-2)
320-56953-7 11187072-120919-BN-SJSSA04(2-4)
320-56953-8 11187072-120919-BN-SJSSA04(4-6)

Comments:
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9-IN

Instrument ID: NOEQUIP

320-56953-1Job Number:

SedimentMatrix:

SDG Number:

Lab Name:

GENERAL CHEMISTRY

Eurofins TestAmerica, Sacramento

DETECTION LIMITS

D 2216 MDL Date: 01/01/2017 12:44Method:

Analyte Wavelength/
Mass

RL MDL
(%) (%)

Percent Moisture 0.10.1
Percent Solids 0.10.1

FORM IX - IN
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9-IN

Instrument ID: NOEQUIP

320-56953-1Job Number:

SedimentMatrix:

SDG Number:

Lab Name:

GENERAL CHEMISTRY

Eurofins TestAmerica, Sacramento

CALIBRATION BLANK DETECTION LIMITS

D 2216 XMDL Date: 01/01/2017 12:46Method:

Analyte Wavelength/
Mass

XRL XMDL
(%) (%)

Percent Moisture 0.10.1
Percent Solids 0.10.1

FORM IX - IN
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Lab Name:   

Instrument ID: Analysis Method:

Start Date: End Date:12/12/2019  12:52 12/12/2019  12:52

13-IN
ANALYSIS RUN LOG
GENERAL CHEMISTRY

Job No.: 320-56953-1

SDG No.:

Eurofins TestAmerica, Sacramento

NOEQUIP D 2216

Analytes

TimeD/FLab Sample Id
%
S
o
l

M
o
i
s
t

T
y
p
e

X X12:521320-56953-1 T
X X12:521320-56953-1 DU T
X X12:521320-56953-2 T
X X12:521320-56953-3 T
X X12:521320-56953-4 T
X X12:521320-56953-5 T
X X12:521320-56953-6 T
X X12:521320-56953-7 T
X X12:521320-56953-8 T

12:52ZZZZZZ
12:52ZZZZZZ
12:52ZZZZZZ
12:52ZZZZZZ
12:52ZZZZZZ
12:52ZZZZZZ
12:52ZZZZZZ
12:52ZZZZZZ

Prep Types:
Total/NAT =

FORM XIII-IN
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Lab Name: Job No.:

SDG No.:

GENERAL CHEMISTRY BATCH WORKSHEET

320-56953-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Alan, Alex

12/13/19  09:23

12/12/19  12:52344997

Batch Method:

Eurofins TestAmerica, Sacramento

D 2216

Lab Sample ID Client Sample ID Method Chain Basis DISH# DishWeight SampleMassWet SampleMassDry

11187072-120919-
BN-SJSSA07(0-1)

1 1.04 g 9.95 g 4.91 gD 2216 T320-56953-A-1

11187072-120919-
BN-SJSSA07(0-1)

2 1.04 g 8.93 g 4.47 gD 2216 T320-56953-A-1 
DU

11187072-120919-
BN-SJSSA07(1-2)

3 1.02 g 14.69 g 9.83 gD 2216 T320-56953-A-2

11187072-120919-
BN-SJSSA07(2-4)

4 0.99 g 14.40 g 11.95 gD 2216 T320-56953-A-3

11187072-120919-
BN-SJSSA07(4-6)

5 1.03 g 11.86 g 7.10 gD 2216 T320-56953-A-4

11187072-120919-
BN-SJSSA04(0-1)

6 1.00 g 11.80 g 5.49 gD 2216 T320-56953-A-5

11187072-120919-
BN-SJSSA04(1-2)

7 0.99 g 12.62 g 6.90 gD 2216 T320-56953-A-6

11187072-120919-
BN-SJSSA04(2-4)

8 1.00 g 10.03 g 5.16 gD 2216 T320-56953-A-7

11187072-120919-
BN-SJSSA04(4-6)

9 1.02 g 9.28 g 4.54 gD 2216 T320-56953-A-8

Batch Notes

Balance ID QA-068

Date and Time Samples in Desiccator 12/13/2019 08:28

Date and Time Samples out of Desiccator 12/13/2019 09:23

Date samples were placed in the oven 12/12/2019

Oven Temp In 111 Degrees C

Time samples were place in the oven 12:52

Date samples were removed from oven 12/13/2019

Oven Temp Out 113 Degrees C

Time Samples were removed from oven 08:28

Oven ID Soil prep #1

Thermometer ID 151969626

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.

Page 1 of 1D 2216

Page 1148 of 1153



Shipping and
Receiving
Documents

Page 1149 of 1153



Page 1150 of 1153



Page 1151 of 1153



Page 1152 of 1153



Login Sample Receipt Checklist

Client: GHD Services Inc. Job Number: 320-56953-1

Login Number: 56953

Question Answer Comment

Creator: Thompson, Sarah W

List Source: Eurofins TestAmerica, Sacramento

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a survey 
meter.

N/AThe cooler's custody seal, if present, is intact.
N/ASample custody seals, if present, are intact.
TrueThe cooler or samples do not appear to have been compromised or 

tampered with.
TrueSamples were received on ice.
TrueCooler Temperature is acceptable.
TrueCooler Temperature is recorded.
TrueCOC is present.
TrueCOC is filled out in ink and legible.
TrueCOC is filled out with all pertinent information.
TrueIs the Field Sampler's name present on COC?
TrueThere are no discrepancies between the containers received and the COC.
TrueSamples are received within Holding Time (excluding tests with immediate 

HTs)
TrueSample containers have legible labels.
TrueContainers are not broken or leaking.
TrueSample collection date/times are provided.
TrueAppropriate sample containers are used.
TrueSample bottles are completely filled.
N/ASample Preservation Verified.
TrueThere is sufficient vol. for all requested analyses, incl. any requested 

MS/MSDs
TrueContainers requiring zero headspace have no headspace or bubble is 

<6mm (1/4").
TrueMultiphasic samples are not present.
TrueSamples do not require splitting or compositing.
N/AResidual Chlorine Checked.
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Deborah Brennan 

GHD Services, Inc. 

9033 Meridian Way 

West Chester OH 45069 

Sample Receipt 

Case Narrative - L85485 

GH001-3EJACINTO-19 

01/31/2020 11:33 

4�TELEDYNE 
,� BROWN ENGINEERING, INC. 

A Teledyne Technologies Company 

2508 Quality Lane 
Knoxville, TN 37931-3133 

The following sample(s) were received on December 16, 2019 in good condition, unless otherwise noted. 

Cross Reference Table 

Client ID Laboratory ID Station ID(if applicable) 

11187072-120919-BN-SJSSA07 (0-2.5 CM) L85485-l 

l 1187072-120919-BN-SJSSA07 (7.5-10 CM) L85485-2 

11187072-120919-BN-SJSSA07 (15-17.5 CM) L85485-3 

l 1187072-120919-BN-SJSSA07 (22.5-25 CM) L85485-4 

11187072-120919-BN-SJSSA07 (30-32.5 CM) L85485-5 

11187072-120919-BN-SJSSA07 (37.5-40 CM) L85485-6 

11187072-120919-BN-SJSSA07 (45-47.5 CM) L85485-7 

11187072-120919-BN-SJSSA07 (52.5-55 CM) L85485-8 

11187072-120919-BN-SJSSA07 (60-62.5 CM) L85485-9 

11187072-120919-BN-SJSSA07 (70-72.5 CM) L85485-10 

11187072-120919-BN-SJSSA07 (80-82.5 CM) L85485-11 

Sample Analysis 

Instrument(s) used for all analyses were in calibration. 

Standard solution(s) used in analyses were National Institute of Standards and Technology (NIST) traceable. 

Analytical Method Cross Reference Table 

Radiological Parameter TBE Knoxville Method Reference Method 

Case Narrative 1 of 3 
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GHD 
45 Farmington Valley Drive Plainville, Connecticut 06062 USA 
T 860 747 1800 F 860 747 1900 W www.ghd.com 

May 1, 2020 

To: Charles Munce Ref. No.: 11187072 

    

From: Kathleen Shaw/cs/6-NF Tel: 860 747-1800 

CC: Janie Smith 
Stefanie Castracane 

  

Subject: Analytical Results and Reduced Validation  
San Jacinto River Waste Pits Superfund Site Investigation 
Predesign Investigation Sampling Event - Pilot Study and Treatability 
San Jacinto, Harris County, Texas 
December 2019 

1. Introduction 

This document details a reduced validation of analytical results for soil samples collected in support of the 
San Jacinto River Waste Pits Superfund Site Investigation during December 2019. Samples were submitted 
to Teledyne Brown Engineering, Inc. in Knoxville, Tennessee. A sample collection and analysis summary is 
presented in Table 1. The validated analytical results are summarized in Table 2. A summary of the 
analytical methodology is presented in Table 3.  

Evaluation of the data was based on information obtained from the finished data sheets, chain of custody 
forms, blank data, duplicate data, laboratory control samples (LCS), matrix spike (MS) samples. The 
assessment of analytical and in-house data included checks for:  data consistency (by observing 
comparability of duplicate analyses), adherence to accuracy and precision criteria, and transmittal errors. 

The QA/QC criteria by which these data have been assessed are outlined in the analytical method 
referenced in Table 3 and applicable guidance from the document entitled: 

i) U.S. Environmental Protection Agency. 2004. Multi-Agency Radiological Laboratory Analytical Protocols 
Manual (MARLAP). USEPA 402-B-04-00IA. July 2004 

This item will subsequently be referred to as the "Guidelines" in this Memorandum. 

2. Sample Holding Time and Preservation 

The sample holding time criteria for the analyses are summarized in Table 3. Sample chain of custody 
documents and analytical reports were used to determine sample holding times. All samples were analyzed 
within the required holding times. 

http://www.ghd.com/
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3. Chain-of-Custody Evaluation 

During the sample confirmation receipt (SCR) inspection, the chain-of-custody (COC) was reviewed and 
compared to the SCR. The SCR confirmed that the samples were correctly logged for the requested 
parameters upon receipt at the laboratory. The COC was complete and accurate, the sample identification 
numbers and collection information was verified, and appropriate signatures documenting relinquishment 
were provided.  

The sample container for 11187072-120719-SS-SJSSA01 (0-2.5 CM) was received broken and the contents 
salvaged; the sample container for 11187072-120919-BN-SJSSA04 (45-47.5 CM) was received with a 
broken lid and liquid contents leaked into the cooler; the project manager gave permission to proceed with 
analysis in both cases. 

4. Initial Calibration  

Initial calibration of the instruments ensures that they are capable of producing satisfactory quantitative data 
at the beginning of a series of analyses. The control limits for check sources and backgrounds shall be 
established using a minimum of 20 sequentially measured data points. For extended background count 
periods, a series of at least 10 single background measurements is acceptable. The background count times 
should be equal to or greater than sample count time unless precluded by extended low level sample count 
times. The calibration counting geometry used must be the same as that used with the analytical samples. 
Evaluate if standard sources have aged greater than the expiration date on the certificate. No samples shall 
be may be counted until these warning and control limits have been established.  

Upon review of the data, it was determined that the instruments are capable of producing satisfactory 
quantitative data and the radiochemical control charts indicated no out of control conditions.  

5. Continuing Calibration  

To ensure that instrument calibration is acceptable throughout the sample analysis period, continuing 
calibration verification (CCV) standards are analyzed on a regular basis. Each reporting batch submitted 
should contain control charting data related to calibration verification for all detectors used in the analyses of 
the samples. 

For this study, all analyte recoveries reported for the CCVs were within the specified limits. 

6. Laboratory Method Blank Analyses 

Method blanks are prepared from a purified matrix and analyzed with investigative samples to determine the 
existence and magnitude of sample contamination introduced during the analytical procedures. 

For this study, laboratory method blanks were analyzed at a minimum frequency of 1 per 20 investigative 
samples and/or 1 per analytical batch. 
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A low concentration of lead-210 was detected in the method blank indicating a potential for laboratory 
contamination. All associated samples containing similar concentrations of the associated compound were 
assumed a reflection of laboratory contamination and are qualified non-detect in Table 4. 

7. Laboratory Control Sample Analyses 

LCS are prepared and analyzed as samples to assess the analytical efficiencies of the methods employed, 
independent of sample matrix effects. 

For this study, LCS were analyzed at a minimum frequency of 1 per 20 investigative samples and/or 1 per 
analytical batch. 

The LCS contained all compounds of interest. All LCS recoveries were within the laboratory control limits, 
demonstrating acceptable analytical accuracy. 

8. Matrix Spike/Matrix Spike Duplicate (MS/MSD) Analyses  

To evaluate the effects of sample matrices on the extraction or digestion process, measurement procedures, 
and accuracy of a particular analysis, samples are spiked with a known concentration of the analyte of 
concern and analyzed as MS/MSD samples. The RPD between the MS and MSD is used to assess 
analytical precision.  

For this study, MS/MSD samples were prepared and analyzed by the laboratory as specified in Table 1. 

The MS/MSD samples were spiked with all compounds of interest. All percent recoveries and RPD values 
were within the laboratory control limits, demonstrating acceptable analytical accuracy and precision. 

9. Duplicate Sample Analyses  

Analytical precision is evaluated based on the analysis of laboratory duplicate samples. For this study, 
duplicate samples were prepared and analyzed by the laboratory as specified in Table 1.  

The duplicate results were evaluated per the "Guidelines". Duplicate results less than 5 times the minimum 
detectable concentration (MDC) are not evaluated. All RPD values were within the laboratory control limits, 
demonstrating acceptable analytical precision. 

10. Chemical Yield - Tracers  

Tracers are used in radiochemical separations methods to provide evaluation of chemical separation. 
Chemical yield is evaluated through the recovery of chemical species spiked into samples; it is evaluated 
radiometrically with a tracer. Each sample is spiked with a tracer, and sample results are adjusted for yields 
greater or less than 100 percent. 

For this study, all analyte tracer recoveries reported were within the specified limits. 
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11. Field QA/QC Samples 

The field QA/QC consisted of one field duplicate sample set. 

11.1 Field Duplicate Sample Analysis 

To assess the analytical and sampling protocol precision one field duplicate sample was collected and 
submitted "blind" to the laboratory, as specified in Table 1. The RPDs associated with these duplicate 
samples must be less than 100 percent for soil samples. If the reported concentration in either the 
investigative sample or its duplicate is less than five times the reporting limit (RL), the evaluation criteria is 
two times the RL value for soil samples. 

All field duplicate results were within acceptable agreement, demonstrating acceptable sampling and 
analytical precision. 

12. Analyte Reporting 

The laboratory reported radiochemistry results down to the laboratory's MDC for each analyte. Non-detect 
results were presented as non-detect at the RL in Table 2.  

All soil results were reported on a dry weight basis. 

13. Conclusion 

Based on the assessment detailed in the foregoing, the data summarized in Table 2 are acceptable with the 
specific qualifications noted herein. 
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11187072-120419-SS-SJSSA08 (0-2.5 CM) SJSSA08 Soil 0 2.5 12/04/2019 15:50 X
11187072-120419-SS-SJSSA08 (15-17.5 CM) SJSSA08 Soil 15 17.5 12/04/2019 15:54 X
11187072-120419-SS-SJSSA08 (22.5-25 CM) SJSSA08 Soil 22.5 25 12/04/2019 15:56 X
11187072-120419-SS-SJSSA08 (30-32.5 CM) SJSSA08 Soil 30 32.5 12/04/2019 15:58 X
11187072-120419-SS-SJSSA08 (37.5-40 CM) SJSSA08 Soil 37.5 40 12/04/2019 16:00 X
11187072-120419-SS-SJSSA08 (45-47.5 CM) SJSSA08 Soil 45 47.5 12/04/2019 16:02 X
11187072-120419-SS-SJSSA08 (52.5-55 CM) SJSSA08 Soil 52.5 55 12/04/2019 16:04 X
11187072-120419-SS-SJSSA08 (60-62.5 CM) SJSSA08 Soil 60 62.5 12/04/2019 16:06 X
11187072-120419-SS-SJSSA08 (7.5-10 CM) SJSSA08 Soil 7.5 10 12/04/2019 15:52 X
11187072-120419-SS-SJSSA08 (70-72.5 CM) SJSSA08 Soil 70 72.5 12/04/2019 16:08 X
11187072-120419-SS-SJSSA08 (80-82.5 CM) SJSSA08 Soil 80 82.5 12/04/2019 16:10 X

11187072-120619-SS-SJSSA03 (0-2.5 CM) SJSSA03 Soil 0 2.5 12/06/2019 12:40 X
11187072-120619-SS-SJSSA03 (15-17.5 CM) SJSSA03 Soil 15 17.5 12/06/2019 12:44 X
11187072-120619-SS-SJSSA03 (22.5-25 CM) SJSSA03 Soil 22.5 25 12/06/2019 12:46 X
11187072-120619-SS-SJSSA03 (30-32.5 CM) SJSSA03 Soil 30 32.5 12/06/2019 12:48 X
11187072-120619-SS-SJSSA03 (37.5-40 CM) SJSSA03 Soil 37.5 40 12/06/2019 12:50 X
11187072-120619-SS-SJSSA03 (45-47.5 CM) SJSSA03 Soil 45 47.5 12/06/2019 12:52 X
11187072-120619-SS-SJSSA03 (52.5-55 CM) SJSSA03 Soil 52.5 55 12/06/2019 12:54 X
11187072-120619-SS-SJSSA03 (60-62.5 CM) SJSSA03 Soil 60 62.5 12/06/2019 12:56 X
11187072-120619-SS-SJSSA03 (7.5-10 CM) SJSSA03 Soil 7.5 10 12/06/2019 12:42 X
11187072-120619-SS-SJSSA03 (70-72.5 CM) SJSSA03 Soil 70 72.5 12/06/2019 12:58 X Dup
11187072-120619-SS-SJSSA03 (80-82.5 CM) SJSSA03 Soil 80 82.5 12/06/2019 13:00 X Dup

11187072-120619-SS-SJSSA06 (0-2.5 CM) SJSSA06 Soil 0 2.5 12/06/2019 15:40 X
11187072-120619-SS-SJSSA06 (15-17.5 CM) SJSSA06 Soil 15 17.5 12/06/2019 15:44 X
11187072-120619-SS-SJSSA06 (22.5-25 CM) SJSSA06 Soil 22.5 25 12/06/2019 15:46 X
11187072-120619-SS-SJSSA06 (30-32.5 CM) SJSSA06 Soil 30 32.5 12/06/2019 15:48 X
11187072-120619-SS-SJSSA06 (37.5-40 CM) SJSSA06 Soil 37.5 40 12/06/2019 15:50 X
11187072-120619-SS-SJSSA06 (45-47.5 CM) SJSSA06 Soil 45 47.5 12/06/2019 15:52 X
11187072-120619-SS-SJSSA06 (52.5-55 CM) SJSSA06 Soil 52.5 55 12/06/2019 15:54 X

San Jacinto, Harris County, Texas

Table 1

Sample Collection and Analysis Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability 

GHD 11187072Memo-6-Tbls.xlsm
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Table 1

Sample Collection and Analysis Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability 

11187072-120619-SS-SJSSA06 (60-62.5 CM) SJSSA06 Soil 60 62.5 12/06/2019 15:56 X MS/MSD
11187072-120619-SS-SJSSA06 (7.5-10 CM) SJSSA06 Soil 7.5 10 12/06/2019 15:42 X
11187072-120619-SS-SJSSA06 (70-72.5 CM) SJSSA06 Soil 70 72.5 12/06/2019 15:58 X
11187072-120619-SS-SJSSA06 (80-82.5 CM) SJSSA06 Soil 80 82.5 12/06/2019 16:00 X

11187072-120719-SS-SJSSA01 (0-2.5 CM) SJSSA01 Soil 0 2.5 12/07/2019 15:30 X
11187072-120719-SS-SJSSA01 (15-17.5 CM) SJSSA01 Soil 15 17.5 12/07/2019 15:34 X Dup
11187072-120719-SS-SJSSA01 (22.5-25 CM) SJSSA01 Soil 22.5 25 12/07/2019 15:36 X MS/MSD
11187072-120719-SS-SJSSA01 (30-32.5 CM) SJSSA01 Soil 30 32.5 12/07/2019 15:38 X
11187072-120719-SS-SJSSA01 (37.5-40 CM) SJSSA01 Soil 37.5 40 12/07/2019 15:40 X
11187072-120719-SS-SJSSA01 (45-47.5 CM) SJSSA01 Soil 45 47.5 12/07/2019 15:42 X
11187072-120719-SS-SJSSA01 (52.5-55 CM) SJSSA01 Soil 52.5 55 12/07/2019 15:44 X
11187072-120719-SS-SJSSA01 (60-62.5 CM) SJSSA01 Soil 60 62.5 12/07/2019 15:46 X
11187072-120719-SS-SJSSA01 (7.5-10 CM) SJSSA01 Soil 7.5 10 12/07/2019 15:32 X
11187072-120719-SS-SJSSA01 (70-72.5 CM) SJSSA01 Soil 70 72.5 12/07/2019 15:48 X
11187072-120719-SS-SJSSA01 (80-82.5 CM) SJSSA01 Soil 80 82.5 12/07/2019 15:50 X

11187072-120719-SS-SJSSA02 (0-2.5 CM) SJSSA02 Soil 0 2.5 12/07/2019 12:10 X
11187072-120719-SS-SJSSA02 (15-17.5 CM) SJSSA02 Soil 15 17.5 12/07/2019 12:14 X
11187072-120719-SS-SJSSA02 (22.5-25 CM) SJSSA02 Soil 22.5 25 12/07/2019 12:16 X
11187072-120719-SS-SJSSA02 (30-32.5 CM) SJSSA02 Soil 30 32.5 12/07/2019 12:18 X
11187072-120719-SS-SJSSA02 (37.5-40 CM) SJSSA02 Soil 37.5 40 12/07/2019 12:20 X
11187072-120719-SS-SJSSA02 (45-47.5 CM) SJSSA02 Soil 45 47.5 12/07/2019 12:22 X
11187072-120719-SS-SJSSA02 (52.5-55 CM) SJSSA02 Soil 52.5 55 12/07/2019 12:24 X
11187072-120719-SS-SJSSA02 (60-62.5 CM) SJSSA02 Soil 60 62.5 12/07/2019 12:26 X
11187072-120719-SS-SJSSA02 (7.5-10 CM) SJSSA02 Soil 7.5 10 12/07/2019 12:12 X
11187072-120719-SS-SJSSA02 (70-72.5 CM) SJSSA02 Soil 70 72.5 12/07/2019 12:28 X Dup
11187072-120719-SS-SJSSA02 (80-82.5 CM) SJSSA02 Soil 80 82.5 12/07/2019 12:30 X Dup

11187072-120819-BN-DUP1 SJSSA05 Soil 60 62.5 12/08/2019 12:00 X Field Duplicate (SJSSA05(60-62.5))
11187072-120819-BN-SJSSA05 (0-2.5 CM) SJSSA05 Soil 0 2.5 12/08/2019 15:10 X

11187072-120819-BN-SJSSA05 (15-17.5 CM) SJSSA05 Soil 15 17.5 12/08/2019 15:20 X

GHD 11187072Memo-6-Tbls.xlsm
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San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability 

11187072-120819-BN-SJSSA05 (22.5-25 CM) SJSSA05 Soil 22.5 25 12/08/2019 15:25 X
11187072-120819-BN-SJSSA05 (30-32.5 CM) SJSSA05 Soil 30 32.5 12/08/2019 15:30 X Dup
11187072-120819-BN-SJSSA05 (37.5-40 CM) SJSSA05 Soil 37.5 40 12/08/2019 15:35 X
11187072-120819-BN-SJSSA05 (45-47.5 CM) SJSSA05 Soil 45 47.5 12/08/2019 15:40 X
11187072-120819-BN-SJSSA05 (52.5-55 CM) SJSSA05 Soil 52.5 55 12/08/2019 15:45 X
11187072-120819-BN-SJSSA05 (60-62.5 CM) SJSSA05 Soil 60 62.5 12/08/2019 15:50 X
11187072-120819-BN-SJSSA05 (7.5-10 CM) SJSSA05 Soil 7.5 10 12/08/2019 15:15 X MS/MSD
11187072-120819-BN-SJSSA05 (70-72.5 CM) SJSSA05 Soil 70 72.5 12/08/2019 15:55 X
11187072-120819-BN-SJSSA05 (80-82.5 CM) SJSSA05 Soil 80 82.5 12/08/2019 16:00 X

11187072-120819-BN-SJSSA09 (0-2.5 CM) SJSSA09 Soil 0 2.5 12/08/2019 12:20 X Dup
11187072-120819-BN-SJSSA09 (15-17.5 CM) SJSSA09 Soil 15 17.5 12/08/2019 12:30 X
11187072-120819-BN-SJSSA09 (22.5-25 CM) SJSSA09 Soil 22.5 25 12/08/2019 12:35 X
11187072-120819-BN-SJSSA09 (30-32.5 CM) SJSSA09 Soil 30 32.5 12/08/2019 12:40 X
11187072-120819-BN-SJSSA09 (37.5-40 CM) SJSSA09 Soil 37.5 40 12/08/2019 12:45 X
11187072-120819-BN-SJSSA09 (45-47.5 CM) SJSSA09 Soil 45 47.5 12/08/2019 12:50 X
11187072-120819-BN-SJSSA09 (52.5-55 CM) SJSSA09 Soil 52.5 55 12/08/2019 12:55 X
11187072-120819-BN-SJSSA09 (60-62.5 CM) SJSSA09 Soil 60 62.5 12/08/2019 13:00 X
11187072-120819-BN-SJSSA09 (7.5-10 CM) SJSSA09 Soil 7.5 10 12/08/2019 12:25 X
11187072-120819-BN-SJSSA09 (70-72.5 CM) SJSSA09 Soil 70 72.5 12/08/2019 13:05 X
11187072-120819-BN-SJSSA09 (80-82.5 CM) SJSSA09 Soil 80 82.5 12/08/2019 13:10 X

11187072-120919-BN-SJSSA04 (0-2.5 CM) SJSSA04 Soil 0 2.5 12/09/2019 15:45 X
11187072-120919-BN-SJSSA04 (15-17.5 CM) SJSSA04 Soil 15 17.5 12/09/2019 15:50 X
11187072-120919-BN-SJSSA04 (22.5-25 CM) SJSSA04 Soil 22.5 25 12/09/2019 15:50 X
11187072-120919-BN-SJSSA04 (30-32.5 CM) SJSSA04 Soil 30 32.5 12/09/2019 15:55 X
11187072-120919-BN-SJSSA04 (37.5-40 CM) SJSSA04 Soil 37.5 40 12/09/2019 15:55 X
11187072-120919-BN-SJSSA04 (45-47.5 CM) SJSSA04 Soil 45 47.5 12/09/2019 16:00 X
11187072-120919-BN-SJSSA04 (52.5-55 CM) SJSSA04 Soil 52.5 55 12/09/2019 16:00 X
11187072-120919-BN-SJSSA04 (60-62.5 CM) SJSSA04 Soil 60 62.5 12/09/2019 16:05 X
11187072-120919-BN-SJSSA04 (7.5-10 CM) SJSSA04 Soil 7.5 10 12/09/2019 15:45 X

GHD 11187072Memo-6-Tbls.xlsm
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11187072-120919-BN-SJSSA04 (70-72.5 CM) SJSSA04 Soil 70 72.5 12/09/2019 16:05 X
11187072-120919-BN-SJSSA04 (80-82.5 CM) SJSSA04 Soil 80 82.5 12/09/2019 16:10 X

11187072-120919-BN-SJSSA07 (0-2.5 CM) SJSSA07 Soil 0 2.5 12/09/2019 15:05 X
11187072-120919-BN-SJSSA07 (15-17.5 CM) SJSSA07 Soil 15 17.5 12/09/2019 15:10 X
11187072-120919-BN-SJSSA07 (22.5-25 CM) SJSSA07 Soil 22.5 25 12/09/2019 15:10 X Dup
11187072-120919-BN-SJSSA07 (30-32.5 CM) SJSSA07 Soil 30 32.5 12/09/2019 15:15 X
11187072-120919-BN-SJSSA07 (37.5-40 CM) SJSSA07 Soil 37.5 40 12/09/2019 15:15 X
11187072-120919-BN-SJSSA07 (45-47.5 CM) SJSSA07 Soil 45 47.5 12/09/2019 15:20 X
11187072-120919-BN-SJSSA07 (52.5-55 CM) SJSSA07 Soil 52.5 55 12/09/2019 15:20 X Dup
11187072-120919-BN-SJSSA07 (60-62.5 CM) SJSSA07 Soil 60 62.5 12/09/2019 15:25 X MS/MSD
11187072-120919-BN-SJSSA07 (7.5-10 CM) SJSSA07 Soil 7.5 10 12/09/2019 15:05 X
11187072-120919-BN-SJSSA07 (70-72.5 CM) SJSSA07 Soil 70 72.5 12/09/2019 15:25 X
11187072-120919-BN-SJSSA07 (80-82.5 CM) SJSSA07 Soil 80 82.5 12/09/2019 15:30 X

Notes:

cm bgs - Centimeters below ground surface
DUP - Laboratory Duplicate
MS/MSD - Matrix Spike/Matrix Spike Duplicate

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 1 of 50

Location ID: SJSSA01 SJSSA01

Sample Name: 11187072-120719-SS-SJSSA01 (7.5-10 CM) 11187072-120719-SS-SJSSA01 (15-17.5 CM)

Sample Date: 12/07/2019 12/07/2019

Depth: 7.5-10 cm 15-17.5 cm

Parameters Unit

Radiochemistry

Cesium-137 pCi/g 0.1896 ± 0.1132 U 0.1845 ± 0.09896 U
Lead-210 pCi/g 0.694 ± 0.0588 0.5 ± 0.0513

Notes:

U - Not detected at the associated reporting limit

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 2 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA01 SJSSA01

11187072-120719-SS-SJSSA01 (22.5-25 CM) 11187072-120719-SS-SJSSA01 (30-32.5 CM)

12/07/2019 12/07/2019

22.5-25 cm 30-32.5 cm

0.1497 ± 0.08256 U 0.1376 ± 0.08681 U
0.635 ± 0.0545 0.682 ± 0.0577

GHD 11187072Memo-6-Tbls.xlsm
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Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 3 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA01 SJSSA01

11187072-120719-SS-SJSSA01 (37.5-40 CM) 11187072-120719-SS-SJSSA01 (45-47.5 CM)

12/07/2019 12/07/2019

37.5-40 cm 45-47.5 cm

0.1214 ± 0.07948 U 0.09617 ± 0.07003 U
0.513 ± 0.059 0.538 ± 0.0583

GHD 11187072Memo-6-Tbls.xlsm
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Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 4 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA01 SJSSA01

11187072-120719-SS-SJSSA01 (52.5-55 CM) 11187072-120719-SS-SJSSA01 (60-62.5 CM)

12/07/2019 12/07/2019

52.5-55 cm 60-62.5 cm

0.09826 ± 0.06292 U 0.1139 ± 0.07255 U
0.599 ± 0.0532 0.465 ± 0.0503

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 5 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA01 SJSSA01

11187072-120719-SS-SJSSA01 (70-72.5 CM) 11187072-120719-SS-SJSSA01 (80-82.5 CM)

12/07/2019 12/07/2019

70-72.5 cm 80-82.5 cm

0.1443 ± 0.07964 U 0.1333 ± 0.08375 U
0.456 ± 0.0478 0.399 ± 0.0504 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 6 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA01 SJSSA02

11187072-120719-SS-SJSSA01 (0-2.5 CM) 11187072-120719-SS-SJSSA02 (7.5-10 CM)

12/07/2019 12/07/2019

0-2.5 cm 7.5-10 cm

0.1323 ± 0.08434 U 0.114 ± 0.06986 U
0.713 ± 0.0564 0.552 ± 0.0573

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 7 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA02 SJSSA02

11187072-120719-SS-SJSSA02 (15-17.5 CM) 11187072-120719-SS-SJSSA02 (22.5-25 CM)

12/07/2019 12/07/2019

15-17.5 cm 22.5-25 cm

0.08665 ± 0.05227 U 0.04357 ± 0.02621 U
0.346 ± 0.0448 0.28 ± 0.0495

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 8 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA02 SJSSA02

11187072-120719-SS-SJSSA02 (30-32.5 CM) 11187072-120719-SS-SJSSA02 (37.5-40 CM)

12/07/2019 12/07/2019

30-32.5 cm 37.5-40 cm

0.03245 ± 0.02093 U 0.08767 ± 0.0544 U
0.226 ± 0.0474 0.245 ± 0.0566

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 9 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA02 SJSSA02

11187072-120719-SS-SJSSA02 (45-47.5 CM) 11187072-120719-SS-SJSSA02 (52.5-55 CM)

12/07/2019 12/07/2019

45-47.5 cm 52.5-55 cm

0.06205 ± 0.04939 U 0.07463 ± 0.046 U
0.342 ± 0.0461 0.326 ± 0.0472

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 10 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA02 SJSSA02

11187072-120719-SS-SJSSA02 (60-62.5 CM) 11187072-120719-SS-SJSSA02 (70-72.5 CM)

12/07/2019 12/07/2019

60-62.5 cm 70-72.5 cm

0.0845 ± 0.0547 U 0.06443 ± 0.03829 U
0.331 ± 0.0483 0.38 ± 0.0497

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 11 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA02 SJSSA02

11187072-120719-SS-SJSSA02 (80-82.5 CM) 11187072-120719-SS-SJSSA02 (0-2.5 CM)

12/07/2019 12/07/2019

80-82.5 cm 0-2.5 cm

0.03835 ± 0.02381 U 0.1145 ± 0.07314 U
0.266 ± 0.0437 0.657 ± 0.0547

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 12 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA03 SJSSA03

11187072-120619-SS-SJSSA03 (7.5-10 CM) 11187072-120619-SS-SJSSA03 (15-17.5 CM)

12/06/2019 12/06/2019

7.5-10 cm 15-17.5 cm

0.1187 ± 0.07539 U 0.09875 ± 0.06434 U
0.516 ± 0.0512 0.278 ± 0.0511

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 13 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA03 SJSSA03

11187072-120619-SS-SJSSA03 (22.5-25 CM) 11187072-120619-SS-SJSSA03 (30-32.5 CM)

12/06/2019 12/06/2019

22.5-25 cm 30-32.5 cm

0.07308 ± 0.04441 U 0.06646 ± 0.043 U
0.302 ± 0.0498 0.447 ± 0.0471

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 14 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA03 SJSSA03

11187072-120619-SS-SJSSA03 (37.5-40 CM) 11187072-120619-SS-SJSSA03 (45-47.5 CM)

12/06/2019 12/06/2019

37.5-40 cm 45-47.5 cm

0.08151 ± 0.04759 U 0.0821 ± 0.05179 U
0.261 ± 0.0447 0.452 ± 0.0469

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 15 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA03 SJSSA03

11187072-120619-SS-SJSSA03 (52.5-55 CM) 11187072-120619-SS-SJSSA03 (60-62.5 CM)

12/06/2019 12/06/2019

52.5-55 cm 60-62.5 cm

0.094 ± 0.05404 U 0.06385 ± 0.0392 U
0.286 ± 0.0498 0.0695 ± 0.0435 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 16 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA03 SJSSA03

11187072-120619-SS-SJSSA03 (70-72.5 CM) 11187072-120619-SS-SJSSA03 (80-82.5 CM)

12/06/2019 12/06/2019

70-72.5 cm 80-82.5 cm

0.05209 ± 0.0324 U 0.06432 ± 0.04086 U
0.402 ± 0.0489 0.476 ± 0.055

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 17 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA03 SJSSA04

11187072-120619-SS-SJSSA03 (0-2.5 CM) 11187072-120919-BN-SJSSA04 (7.5-10 CM)

12/06/2019 12/09/2019

0-2.5 cm 7.5-10 cm

0.09548 ± 0.05456 U 0.0665 ± 0.03796 U
0.487 ± 0.0502 1 ± 0.0639

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 18 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA04 SJSSA04

11187072-120919-BN-SJSSA04 (15-17.5 CM) 11187072-120919-BN-SJSSA04 (22.5-25 CM)

12/09/2019 12/09/2019

15-17.5 cm 22.5-25 cm

0.04764 ± 0.02799 U 0.1216 ± 0.0706 U
0.93 ± 0.0592 0.889 ± 0.0681

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 19 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA04 SJSSA04

11187072-120919-BN-SJSSA04 (30-32.5 CM) 11187072-120919-BN-SJSSA04 (37.5-40 CM)

12/09/2019 12/09/2019

30-32.5 cm 37.5-40 cm

0.1144 ± 0.0658 U 0.09033 ± 0.06255 U
1.05 ± 0.0586 0.638 ± 0.0505

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 20 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA04 SJSSA04

11187072-120919-BN-SJSSA04 (45-47.5 CM) 11187072-120919-BN-SJSSA04 (52.5-55 CM)

12/09/2019 12/09/2019

45-47.5 cm 52.5-55 cm

0.128 ± 0.07696 U 0.1268 ± 0.07849 U
0.607 ± 0.0531 0.832 ± 0.0595

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 21 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA04 SJSSA04

11187072-120919-BN-SJSSA04 (60-62.5 CM) 11187072-120919-BN-SJSSA04 (70-72.5 CM)

12/09/2019 12/09/2019

60-62.5 cm 70-72.5 cm

0.1293 ± 0.07496 U 0.1496 ± 0.08865 U
0.881 ± 0.0591 0.84 ± 0.052

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 22 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA04 SJSSA04

11187072-120919-BN-SJSSA04 (80-82.5 CM) 11187072-120919-BN-SJSSA04 (0-2.5 CM)

12/09/2019 12/09/2019

80-82.5 cm 0-2.5 cm

0.1537 ± 0.08935 U 0.1421 ± 0.08159 U
0.749 ± 0.055 1.11 ± 0.0613

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 23 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA05 SJSSA05

11187072-120819-BN-SJSSA05 (7.5-10 CM) 11187072-120819-BN-SJSSA05 (15-17.5 CM)

12/08/2019 12/08/2019

7.5-10 cm 15-17.5 cm

0.1099 ± 0.06103 U 0.1084 ± 0.06582 U
0.259 ± 0.0486 0.35 ± 0.0423

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 24 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA05 SJSSA05

11187072-120819-BN-SJSSA05 (22.5-25 CM) 11187072-120819-BN-SJSSA05 (30-32.5 CM)

12/08/2019 12/08/2019

22.5-25 cm 30-32.5 cm

0.07979 ± 0.04556 U 0.09782 ± 0.05617 U
0.119 ± 0.0422 0.181 ± 0.079

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 25 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA05 SJSSA05

11187072-120819-BN-SJSSA05 (37.5-40 CM) 11187072-120819-BN-SJSSA05 (45-47.5 CM)

12/08/2019 12/08/2019

37.5-40 cm 45-47.5 cm

0.07139 ± 0.05011 U 0.06645 ± 0.04037 U
0.073 ± 0.0455 0.0704 ± 0.0418 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 26 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA05 SJSSA05

11187072-120819-BN-SJSSA05 (52.5-55 CM) 11187072-120819-BN-SJSSA05 (60-62.5 CM)

12/08/2019 12/08/2019

52.5-55 cm 60-62.5 cm

0.09536 ± 0.05946 U 0.08828 ± 0.04935 U
0.317 ± 0.0542 0.352 ± 0.0526

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 27 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA05 SJSSA05

11187072-120819-BN-DUP1 11187072-120819-BN-SJSSA05 (70-72.5 CM)

12/08/2019 12/08/2019

60-62.5 cm 70-72.5 cm

Duplicate

0.1223 ± 0.06922 U 0.1146 ± 0.06916 U
0.333 ± 0.0544 0.442 ± 0.0572

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 28 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA05 SJSSA05

11187072-120819-BN-SJSSA05 (80-82.5 CM) 11187072-120819-BN-SJSSA05 (0-2.5 CM)

12/08/2019 12/08/2019

80-82.5 cm 0-2.5 cm

0.06587 ± 0.04211 U 0.1064 ± 0.06604 U
0.365 ± 0.0568 0.212 ± 0.052

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 29 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA06 SJSSA06

11187072-120619-SS-SJSSA06 (7.5-10 CM) 11187072-120619-SS-SJSSA06 (15-17.5 CM)

12/06/2019 12/06/2019

7.5-10 cm 15-17.5 cm

0.05367 ± 0.03063 U 0.03911 ± 0.02794 U
0.161 ± 0.0493 0.0939 ± 0.0491

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 30 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA06 SJSSA06

11187072-120619-SS-SJSSA06 (22.5-25 CM) 11187072-120619-SS-SJSSA06 (30-32.5 CM)

12/06/2019 12/06/2019

22.5-25 cm 30-32.5 cm

0.06255 ± 0.03486 U 0.1076 ± 0.06432 U
0.215 ± 0.0476 0.113 ± 0.0522

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 31 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA06 SJSSA06

11187072-120619-SS-SJSSA06 (37.5-40 CM) 11187072-120619-SS-SJSSA06 (45-47.5 CM)

12/06/2019 12/06/2019

37.5-40 cm 45-47.5 cm

0.0544 ± 0.0336 U 0.07865 ± 0.04602 U
0.0852 ± 0.0513 0.166 ± 0.0478

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 32 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA06 SJSSA06

11187072-120619-SS-SJSSA06 (52.5-55 CM) 11187072-120619-SS-SJSSA06 (60-62.5 CM)

12/06/2019 12/06/2019

52.5-55 cm 60-62.5 cm

0.0497 ± 0.03368 U 0.03504 ± 0.02395 U
0.0697 ± 0.0434 U 0.113 ± 0.0485

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 33 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA06 SJSSA06

11187072-120619-SS-SJSSA06 (70-72.5 CM) 11187072-120619-SS-SJSSA06 (80-82.5 CM)

12/06/2019 12/06/2019

70-72.5 cm 80-82.5 cm

0.05251 ± 0.03429 U 0.04477 ± 0.02713 U
0.188 ± 0.054 0.0941 ± 0.0531

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 34 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA06 SJSSA07

11187072-120619-SS-SJSSA06 (0-2.5 CM) 11187072-120919-BN-SJSSA07 (7.5-10 CM)

12/06/2019 12/09/2019

0-2.5 cm 7.5-10 cm

0.06482 ± 0.03688 U 0.05777 ± 0.03325 U
0.221 ± 0.057 0.853 ± 0.0707

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 35 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA07 SJSSA07

11187072-120919-BN-SJSSA07 (15-17.5 CM) 11187072-120919-BN-SJSSA07 (22.5-25 CM)

12/09/2019 12/09/2019

15-17.5 cm 22.5-25 cm

0.1033 ± 0.0658 U 0.0679 ± 0.03908 U
0.912 ± 0.0704 1.05 ± 0.0803

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 36 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA07 SJSSA07

11187072-120919-BN-SJSSA07 (30-32.5 CM) 11187072-120919-BN-SJSSA07 (37.5-40 CM)

12/09/2019 12/09/2019

30-32.5 cm 37.5-40 cm

0.1 ± 0.05852 U 0.06529 ± 0.04338 U
0.655 ± 0.0602 0.156 ± 0.0533

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 37 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA07 SJSSA07

11187072-120919-BN-SJSSA07 (45-47.5 CM) 11187072-120919-BN-SJSSA07 (52.5-55 CM)

12/09/2019 12/09/2019

45-47.5 cm 52.5-55 cm

0.0502 ± 0.03476 U 0.07514 ± 0.04497 U
0.0682 ± 0.0423 U 0.0808 ± 0.0502 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 38 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA07 SJSSA07

11187072-120919-BN-SJSSA07 (60-62.5 CM) 11187072-120919-BN-SJSSA07 (70-72.5 CM)

12/09/2019 12/09/2019

60-62.5 cm 70-72.5 cm

0.09191 ± 0.05208 U 0.08917 ± 0.05545 U
0.0815 ± 0.0467 0.0969 ± 0.0587 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 39 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA07 SJSSA07

11187072-120919-BN-SJSSA07 (80-82.5 CM) 11187072-120919-BN-SJSSA07 (0-2.5 CM)

12/09/2019 12/09/2019

80-82.5 cm 0-2.5 cm

0.08095 ± 0.04787 U 0.112 ± 0.06301 U
0.198 ± 0.0468 0.905 ± 0.062

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 40 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA08 SJSSA08

11187072-120419-SS-SJSSA08 (7.5-10 CM) 11187072-120419-SS-SJSSA08 (15-17.5 CM)

12/04/2019 12/04/2019

7.5-10 cm 15-17.5 cm

0.0429 ± 0.02742 U 0.06693 ± 0.04252 U
0.0758 ± 0.045 U 0.0683 ± 0.0422 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 41 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA08 SJSSA08

11187072-120419-SS-SJSSA08 (22.5-25 CM) 11187072-120419-SS-SJSSA08 (30-32.5 CM)

12/04/2019 12/04/2019

22.5-25 cm 30-32.5 cm

0.09049 ± 0.04816 U 0.04994 ± 0.02875 U
0.083 ± 0.0493 U 0.0681 ± 0.0405 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 42 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA08 SJSSA08

11187072-120419-SS-SJSSA08 (37.5-40 CM) 11187072-120419-SS-SJSSA08 (45-47.5 CM)

12/04/2019 12/04/2019

37.5-40 cm 45-47.5 cm

0.1452 ± 0.07804 U 0.1771 ± 0.1092 U
0.611 ± 0.0567 0.833 ± 0.0641

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 43 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA08 SJSSA08

11187072-120419-SS-SJSSA08 (52.5-55 CM) 11187072-120419-SS-SJSSA08 (60-62.5 CM)

12/04/2019 12/04/2019

52.5-55 cm 60-62.5 cm

0.1565 ± 0.08324 U 0.1584 ± 0.0959 U
0.54 ± 0.0671 0.294 ± 0.0491 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 44 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA08 SJSSA08

11187072-120419-SS-SJSSA08 (70-72.5 CM) 11187072-120419-SS-SJSSA08 (80-82.5 CM)

12/04/2019 12/04/2019

70-72.5 cm 80-82.5 cm

0.1831 ± 0.09753 U 0.183 ± 0.1084 U
0.596 ± 0.0531 0.524 ± 0.0536

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 45 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA08 SJSSA09

11187072-120419-SS-SJSSA08 (0-2.5 CM) 11187072-120819-BN-SJSSA09 (7.5-10 CM)

12/04/2019 12/08/2019

0-2.5 cm 7.5-10 cm

0.07898 ± 0.0474 U 0.09609 ± 0.05366 U
0.076 ± 0.0475 U 0.0718 ± 0.0451 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 46 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA09 SJSSA09

11187072-120819-BN-SJSSA09 (15-17.5 CM) 11187072-120819-BN-SJSSA09 (22.5-25 CM)

12/08/2019 12/08/2019

15-17.5 cm 22.5-25 cm

0.08249 ± 0.05073 U 0.1153 ± 0.06196 U
0.0967 ± 0.0467 0.0732 ± 0.0459 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 47 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA09 SJSSA09

11187072-120819-BN-SJSSA09 (30-32.5 CM) 11187072-120819-BN-SJSSA09 (37.5-40 CM)

12/08/2019 12/08/2019

30-32.5 cm 37.5-40 cm

0.09361 ± 0.0574 U 0.0758 ± 0.04698 U
0.0755 ± 0.0432 0.0714 ± 0.0446 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA09 SJSSA09

11187072-120819-BN-SJSSA09 (45-47.5 CM) 11187072-120819-BN-SJSSA09 (52.5-55 CM)

12/08/2019 12/08/2019

45-47.5 cm 52.5-55 cm

0.06056 ± 0.03959 U 0.08343 ± 0.05239 U
0.12 ± 0.0473 0.08 ± 0.0481 U

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA09 SJSSA09

11187072-120819-BN-SJSSA09 (60-62.5 CM) 11187072-120819-BN-SJSSA09 (70-72.5 CM)

12/08/2019 12/08/2019

60-62.5 cm 70-72.5 cm

0.09455 ± 0.06032 U 0.1217 ± 0.06699 U
0.0744 ± 0.0461 U 0.0816 ± 0.0451

GHD 11187072Memo-6-Tbls.xlsm



Table 2

Analytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Page 50 of 50

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Radiochemistry

Cesium-137 pCi/g
Lead-210 pCi/g

Notes:

U - Not detected at the associated reporting limit

SJSSA09 SJSSA09

11187072-120819-BN-SJSSA09 (80-82.5 CM) 11187072-120819-BN-SJSSA09 (0-2.5 CM)

12/08/2019 12/08/2019

80-82.5 cm 0-2.5 cm

0.05701 ± 0.03507 U 0.08415 ± 0.05819 U
0.105 ± 0.0417 0.095 ± 0.0428

GHD 11187072Memo-6-Tbls.xlsm
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Table 3

Analytical Methods

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Holding Time

Collection to Analysis

Parameter Method Matrix (Days)

Cesium 137, Lead-210 EPA 901.1 modified Soil 180

Notes:

EPA - MCAWW - “Methods for Chemical Analysis of Water and Waste,” 'EPA-600/4-79-020, 
revised March 1983, with subsequent revisions

GHD 11187072Memo-6-Tbls.xlsm
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Table 4

Qualified Sample Results Due to Analyte Concentrations in the Method Blanks

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Pilot Study and Treatability

San Jacinto, Harris County, Texas

December 2019

Analysis Blank Original Qualified

Parameter Analyte Date Result Sample ID Result Result Units

(mm/dd/yyyy)

Radiochemistry Lead-210 01/27/2020 0.428 11187072-120719-SS-SJSSA01 (80-82.5 CM) 0.399 ± 0.0504 0.399 ± 0.0504 U pCi/g
11187072-120419-SS-SJSSA08 (60-62.5 CM) 0.294 ± 0.0491 0.294 ± 0.0491 U pCi/g

Notes:

U - Not detected at the associated reporting limit

GHD 11187072Memo-6-Tbls.xlsm
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2055 Niagara Falls Boulevard Niagara Falls New York 14304 USA 
T 716 297 6150   F 716 297 2265   W www.ghd.com 

April 27, 2020 

To: Charles Munce Ref. No.: 11187072 

    

From: Deborah Brennan/cs/5-NF Tel: 513-285-1104 

CC: Janie Smith 
Stefanie Castracane 

  

Subject: Analytical Results and Validation - High Resolution 
San Jacinto River Waste Pits Superfund Site Investigation 
Predesign Investigation Sampling Event – Sand Separation Area 
San Jacinto, Harris County, Texas 
December 2019 

1. Introduction 

This document details a validation of analytical results for soil boring samples collected in support of the 
Predesign Investigation Sampling Event – Sand Separation Area at the San Jacinto River Waste Pits 
Superfund Site from December 2019. Samples were submitted to Eurofins TestAmerica, Inc. at locations in 
Sacramento, California, and Knoxville, Tennessee. A sample collection and analysis summary is presented 
in Table 1. The validated analytical results are summarized in Table 2. A summary of the analytical 
methodology is presented in Table 3. 

Full Contract Laboratory Program (CLP) equivalent raw data deliverables were provided by the laboratory. 
The sample delivery groups covered in the report are identified in Table 1. Evaluation of the data was based 
on information obtained from the finished data sheets, raw data, chain of custody forms, calibration data, 
blank data, recovery data from surrogate spikes/laboratory control samples (LCS), matrix spikes (MS) and 
field Quality Assurance/Quality Control (QA/QC) samples. The assessment of analytical and in-house data 
included checks for: data consistency (by observing comparability of duplicate analyses), adherence to 
accuracy and precision criteria, and transmittal errors. 

The QA/QC criteria by which these data have been assessed are outlined in the analytical methods 
referenced in Table 3 and applicable guidance from the documents entitled: 

i) “Quality Assurance Project Plan, Final Second Phase Pre-Design Investigation”, San Jacinto River 

Waste Pits Site, Harris County, Texas, Report No 6, June 3 2019 

ii)  “National Functional Guidelines for High Resolution Superfund Methods Data Review”, OLEM 

9200.3-115, EPA 542-B-16-001, April 2016 

Item ii) will subsequently be referred to as the “Guidelines” in this Memorandum.  

http://www.ghd.com/
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2. Sample Holding Time and Preservation 

The sample holding time criterion for the analyses are summarized in Table 3. The sample chain of custody 
documents and analytical reports were used to determine sample holding times. All samples were prepared 
and analyzed within the required holding times. 

All samples were delivered on ice and stored by the laboratory at the required temperature (0-6°C). 

3. Gas Chromatography/Mass Spectrometry (GC/MS) – Tuning and 
Mass Calibration (Instrument Performance Check) 

Prior to dioxin/furans analyses, GC/MS instrumentation is tuned to ensure optimization over the mass range 
of interest. To evaluate instrument tuning, the method requires the analysis of the specific tuning compound 
perfluorokerosene (PFK). The resulting spectra must meet the criteria cited in the method before analysis is 
initiated. Analysis of the tuning compound must then be repeated every 12 hours throughout sample analysis 
to ensure the continued optimization of the instrument. 

Tuning compounds were analyzed at the required frequency throughout the analysis period. All tuning 
criteria were met, indicating that proper optimization of the instrumentation was achieved. 

4. Initial Calibration 

To quantify dioxin/furans of interest in samples, calibration of the GC/MS over a specific concentration range 
must be performed. Initially, a minimum of a five-point calibration curve containing all compounds of interest 
is analyzed to characterize instrument response for each analyte over a specific concentration range. 
Linearity of the calibration curve and instrument sensitivity are evaluated against the criteria cited in the 
methods. 

The initial calibration data were reviewed. All compounds met the method criteria for sensitivity and linearity. 

5. Continuing Calibration 

To ensure that instrument calibration for the analyses is acceptable throughout the sample analysis period, 
continuing calibration standards must be analyzed and compared to the initial calibration curve every 
12 hours. 

Calibration standards were analyzed at the required frequency, and all results met the method criteria for 
instrument sensitivity and stability.  

6. Laboratory Blank Analyses 

Method blanks are prepared from a purified matrix and analyzed with the investigative samples to determine 
the existence and magnitude of sample contamination introduced during the analytical procedures. 
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For this study, laboratory method blanks were analyzed at a minimum frequency of one per analytical batch. 

Several method blank results had low-level detections. Those investigative results of similar concentrations 
to those found in the method blanks were qualified as non-detect (U) as shown in Table 4.  

7. Spiked C-13 Labeled PCDD/PCDF 

In accordance with the method employed, all samples, blanks, and QC samples analyzed for Polychlorinated 
Dibenzodioxins/Polychlorinated Dibenzo-p-furan (PCDD/PCDF) are spiked with labeled congeners prior to 
extraction to be an internal standard for the quantitation of native congeners, and to serve as surrogates for 
the assessment of method performance in the sample matrix. 

All samples submitted for PCDD/PCDF determinations were spiked with the appropriate number of labeled 
compounds prior to sample extraction and analysis. 

Labeled congener recoveries and ion abundance ratios were assessed against method control limits. All 
Dioxin/Furan recoveries were within the method acceptance ranges. However, one abundance ratio was 
outside of the acceptable limits, and the associated sample result was qualified as estimated as shown in 
Table 5.  

8. Cleanup Standard Recoveries 

C-37 labeled cleanup standards are added to all samples, blanks, and QC samples subsequent to 
extraction, but prior to the cleanup procedures to assess the efficiency of the cleanup procedures. 

Cleanup standards were added to all samples, blanks, and QC samples prior to cleanup. All Dioxin/Furan 
recoveries were within the method acceptance ranges. 

9. Laboratory Control Sample Analyses 

LCS and/or LCS/laboratory control sample duplicates (LCSD) are prepared and analyzed as samples to 
assess the analytical efficiencies of the methods employed, independent of sample matrix effects. The 
relative percent difference (RPD) of the LCS/LCSD recoveries is used to evaluate analytical precision. 

For this study, LCS or LCS/LCSD were analyzed at a minimum frequency of 1 per 20 investigative samples 
and/or 1 per analytical batch. 

The LCS and/or LCS/LCSD contained all compounds of interest. All LCS recoveries and RPDs were within 
the laboratory control limits, demonstrating acceptable analytical accuracy and precision. 

10. Matrix Spike/Matrix Spike Duplicate (MS/MSD) Analyses  

To evaluate the effects of sample matrices on the preparation process, measurement procedures, and 
accuracy of a particular analysis, samples are spiked with a known concentration of the analyte of concern 



 

11187072Memo-5.docx 4 

and analyzed as MS/MSD samples. The RPD between the MS and MSD is used to assess analytical 
precision.  

If the original sample concentration is significantly greater than the spike concentration, the recovery is not 
assessed. If only the MS or MSD recovery was outside of control limits, no qualification of the data was 
performed based on the acceptable recovery of the companion spike and the acceptable RPD. 

MS/MSD analyses was performed as specified in Table 1. The laboratory performed additional site-specific 
MS/MSD analyses internally. 

The MS/MSD samples were spiked with all compounds of interest. All percent recoveries and RPD values 
were within the laboratory control limits, demonstrating acceptable analytical accuracy and precision with the 
exception of those shown in Table 6.  

11. Field QA/QC Samples 

The field QA/QC consisted of two field duplicate sample sets. 

To assess the analytical and sampling protocol precision, two field duplicate sample sets were collected and 
submitted “blind” to the laboratory, as specified in Table 1. The RPDs associated with this duplicate sample 
were assessed per the Guidelines. 

All field duplicate results were within acceptable agreement, demonstrating acceptable sampling and 
analytical precision with the exception of those shown in Table 7 that showed elevated variability. 

12. Analyte Reporting 

The laboratory reported detected results down to the laboratory's estimated detection limit (EDL) for each 
analyte. Positive analyte detections less than the reporting limit (RL) but greater than the EDL were reported 
as estimated (J) in Table 2 unless otherwise qualified in the Memorandum. Non-detect results were 
presented as non-detect at the estimated detection limit (EDL) in Table 2. 

All results were reported on a dry weight basis. 

Diphenyl ether interferences were observed at the exact retention time and mass channel for several furans. 
All associated sample results were qualified as estimated as shown in Table 8. 

13. Target Compound Identification/Sample Quantitation 

To minimize erroneous compound identification during organic analyses, qualitative criteria including 
compound retention time, ion abundance ratio, and chromatography were evaluated according to the 
identification criteria established by the methods. An erroneous identification can be either a false-positive 
(reporting a target compound when it is not present in the sample) or false-negative (not reporting a 
compound that is present in the sample). 
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The samples identified in Table 1 were reviewed. Most congeners reported adhered to the specified 
identification criteria. 

Some sample results were reported as positive hits although the ion abundance ratio was not met. The 
associated results were qualified as the estimated maximum possible concentration. A summary of these 
qualified data is presented in Table 9. 

14. Conclusion 

Based on the assessment detailed in the foregoing, the data summarized in Table 2 are acceptable with the 
specific qualifications noted herein. 
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Table 1

Sample Collection and Analysis Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Analysis/Parameters

Sample 

Delivery 

Group

Sample Identification Location Matrix

Initial 

Sample 

Depth (ft. 

bgs)

Final 

Sample 

Depth (ft. 

bgs)

Collection Date 

(mm/dd/yyyy)

Collection 

Time (hr:min)
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F
s

)

Comments

140-17578-1 11187072-120419-SS-SJSSA08(1-2) SJSSA08 Soil 1 2 12/04/2019 15:35 X
11187072-120419-SS-SJSSA08(2-4) SJSSA08 Soil 2 4 12/04/2019 15:40 X
11187072-120419-SS-SJSSA08(4-6) SJSSA08 Soil 4 6 12/04/2019 15:45 X
11187072-120419-SS-SJSSA08(0-1) SJSSA08 Soil 0 1 12/04/2019 15:30 X
11187072-120619-SS-SJSSA03(1-2) SJSSA03 Soil 1 2 12/06/2019 12:25 X
11187072-120619-SS-SJSSA03(2-4) SJSSA03 Soil 2 4 12/06/2019 12:30 X
11187072-120619-SS-SJSSA03(4-6) SJSSA03 Soil 4 6 12/06/2019 12:35 X
11187072-120619-SS-SJSSA03(0-1) SJSSA03 Soil 0 1 12/06/2019 12:20 X
11187072-120619-SS-SJSSA06(1-2) SJSSA06 Soil 1 2 12/06/2019 15:25 X

11187072-120619-SS-DUP1 SJSSA06 Soil 1 2 12/06/2019 - X Field Duplicate for 11187072-120619-SS-SJSSA06(1-2)
11187072-120619-SS-SJSSA06(2-4) SJSSA06 Soil 2 4 12/06/2019 15:30 X
11187072-120619-SS-SJSSA06(4-6) SJSSA06 Soil 4 6 12/06/2019 15:35 X MS/MSD
11187072-120619-SS-SJSSA06(0-1) SJSSA06 Soil 0 1 12/06/2019 15:20 X
11187072-120719-SS-SJSSA02(1-2) SJSSA02 Soil 1 2 12/07/2019 11:55 X
11187072-120719-SS-SJSSA02(2-4) SJSSA02 Soil 2 4 12/07/2019 12:00 X
11187072-120719-SS-SJSSA02(4-6) SJSSA02 Soil 4 6 12/07/2019 12:05 X
11187072-120719-SS-SJSSA02(0-1) SJSSA02 Soil 0 1 12/07/2019 11:50 X
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Table 1

Sample Collection and Analysis Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Analysis/Parameters

Sample 

Delivery 

Group

Sample Identification Location Matrix

Initial 

Sample 

Depth (ft. 

bgs)

Final 

Sample 

Depth (ft. 

bgs)

Collection Date 

(mm/dd/yyyy)
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Time (hr:min)
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Comments

320-56911-1 11187072-120719-SS-SJSSA01 (1-2) SJSSA01 Soil 1 2 12/07/2019 15:15 X
11187072-120719-SS-SJSSA01 (2-4) SJSSA01 Soil 2 4 12/07/2019 15:20 X
11187072-120719-SS-SJSSA01 (4-6) SJSSA01 Soil 4 6 12/07/2019 15:25 X
11187072-120719-SS-SJSSA01 (0-1) SJSSA01 Soil 0 1 12/07/2019 15:10 X
11187072-120819-BN-SJSSA05 (1-2) SJSSA05 Soil 1 2 12/08/2019 15:15 X
11187072-120819-BN-SJSSA05 (2-4) SJSSA05 Soil 2 4 12/08/2019 15:20 X
11187072-120819-BN-SJSSA05 (4-6) SJSSA05 Soil 4 6 12/08/2019 15:25 X

11187072-120819-BN-DUP2 SJSSA05 Soil 4 6 12/08/2019 - X Field Duplicate for 11187072-120819-BN-SJSSA05 (4-6)
11187072-120819-BN-SJSSA05 (0-1) SJSSA05 Soil 0 1 12/08/2019 15:10 X
11187072-120819-BN-SJSSA09 (1-2) SJSSA09 Soil 1 2 12/08/2019 13:20 X
11187072-120819-BN-SJSSA09 (2-4) SJSSA09 Soil 2 4 12/08/2019 13:25 X
11187072-120819-BN-SJSSA09 (4-6) SJSSA09 Soil 4 6 12/08/2019 13:30 X
11187072-120819-BN-SJSSA09 (0-1) SJSSA09 Soil 0 1 12/08/2019 13:15 X
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Table 1

Sample Collection and Analysis Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Analysis/Parameters

Sample 

Delivery 

Group

Sample Identification Location Matrix

Initial 

Sample 

Depth (ft. 

bgs)

Final 

Sample 

Depth (ft. 

bgs)

Collection Date 

(mm/dd/yyyy)
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Time (hr:min)
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Comments

320-56953-1 11187072-120919-BN-SJSSA04(1-2) SJSSA04 Soil 1 2 12/09/2019 16:15 X
11187072-120919-BN-SJSSA04(2-4) SJSSA04 Soil 2 4 12/09/2019 16:20 X
11187072-120919-BN-SJSSA04(4-6) SJSSA04 Soil 4 6 12/09/2019 16:20 X
11187072-120919-BN-SJSSA04(0-1) SJSSA04 Soil 0 1 12/09/2019 16:15 X
11187072-120919-BN-SJSSA07(1-2) SJSSA07 Soil 1 2 12/09/2019 15:35 X
11187072-120919-BN-SJSSA07(2-4) SJSSA07 Soil 2 4 12/09/2019 15:40 X
11187072-120919-BN-SJSSA07(4-6) SJSSA07 Soil 4 6 12/09/2019 15:40 X
11187072-120919-BN-SJSSA07(0-1) SJSSA07 Soil 0 1 12/09/2019 15:35 X

Notes:

ft. bgs - Feet below ground surface
DUP - Laboratory Duplicate
MS/MSD - Matrix Spike/Matrix Spike Duplicate
 - - Not Applicable



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 1 of 38

Location ID: SJSSA01 SJSSA01

Sample Name: 11187072-120719-SS-SJSSA01 (1-2) 11187072-120719-SS-SJSSA01 (2-4)

Sample Date: 12/07/2019 12/07/2019

Depth: 1-2 ft BGS 2-4 ft BGS

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g 1100 330
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g 23 4.5 U
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g 41 16
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g 2.5 J 0.86 J
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g 0.19 U 0.14 U
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g 0.65 J 0.54 J
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g 0.79 J 0.25 J
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g 0.96 U 0.62 U
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g 0.39 J 0.096 U
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g 2.4 J 1.5 J
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g 0.41 J 0.20 J
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g 0.32 U 0.29 U
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g 0.74 J 0.44 J
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g 0.20 J 0.095 U
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g 0.14 U 0.12 U
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g 7.0 3.4
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g 21 15
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g 170 J 63 J
Total heptachlorodibenzofuran (HpCDF) pg/g 7.4 J 2.7 J
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g 41 J 27 J
Total hexachlorodibenzofuran (HxCDF) pg/g 3.5 J 0.45 J
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g 5.3 J 6.6 J
Total pentachlorodibenzofuran (PeCDF) pg/g 1.5 J 0.44 J
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g 11 J 11 J
Total tetrachlorodibenzofuran (TCDF) pg/g 31 J 15 J
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g 10.4 5.43
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g 10.6 5.63

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 2 of 38

Location ID: SJSSA01 SJSSA01

Sample Name: 11187072-120719-SS-SJSSA01 (1-2) 11187072-120719-SS-SJSSA01 (2-4)

Sample Date: 12/07/2019 12/07/2019

Depth: 1-2 ft BGS 2-4 ft BGS

Parameters Unit

General Chemistry

Percent solids % 57.4 53.6

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 3 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA01 SJSSA01

11187072-120719-SS-SJSSA01 (4-6) 11187072-120719-SS-SJSSA01 (0-1)

12/07/2019 12/07/2019

4-6 ft BGS 0-1 ft BGS

1100 2400
35 48
45 62

3.9 J 6.6 J
0.65 J 1.0 J
0.81 J 1.0 J
1.7 J 1.8 J
1.3 J 1.5 J
0.74 J 0.91 J
2.5 J 3.2 J

0.12 U 0.15 U
0.29 U 0.48 J
1.2 J 1.1 J

0.14 U 0.55 J
0.17 U 0.75 J

12 8.6
38 27

160 J 210 J
11 J 17 J
46 J 49 J
5.5 J 7.4 J
10 J 9.6 J
3.3 J 4.0 J
17 J 14 J
53 J 38 J
17.4 14.4
17.6 14.4

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 4 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA01 SJSSA01

11187072-120719-SS-SJSSA01 (4-6) 11187072-120719-SS-SJSSA01 (0-1)

12/07/2019 12/07/2019

4-6 ft BGS 0-1 ft BGS

57.2 45.2

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 5 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA02 SJSSA02

11187072-120719-SS-SJSSA02(1-2) 11187072-120719-SS-SJSSA02(2-4)

12/07/2019 12/07/2019

1-2 ft BGS 2-4 ft BGS

510 1000
4.3 U 25

21 44
2.6 J 4.2 J

0.52 U 0.77 U
0.33 J 0.39 J
1.1 J 2.3 J
0.42 J 1.1 J
0.35 J 0.73 J
1.4 J 2.3 J

0.12 U 0.20 U
0.17 J 0.42 J

0.063 U 1.3 J
0.084 U 0.25 J
0.061 U 1.2 J

1.1 J 6.8
3.2 18
77 J 150 J
4.8 J 11 J
34 J 51 J
3.1 J 8.7 J
8.8 J 11 J
1.1 J 6.1 J
11 J 20 J
6.8 J 49 J
2.34 10.9
2.36 10.9

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 6 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA02 SJSSA02

11187072-120719-SS-SJSSA02(1-2) 11187072-120719-SS-SJSSA02(2-4)

12/07/2019 12/07/2019

1-2 ft BGS 2-4 ft BGS

75.2 76.0

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 7 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA02 SJSSA02

11187072-120719-SS-SJSSA02(4-6) 11187072-120719-SS-SJSSA02(0-1)

12/07/2019 12/07/2019

4-6 ft BGS 0-1 ft BGS

450 400
5.3 U 3.8 U

22 14 J
0.90 U 0.67 U
0.062 U 0.083 U
0.39 J 0.14 U
0.42 J 0.094 U
0.54 J 0.32 J
0.23 J 0.092 U
1.0 J 0.80 J

0.11 U 0.13 U
0.080 U 0.062 U
0.10 U 0.095 U
0.081 U 0.097 U
0.26 J 0.092 U
0.62 J 1.1 J

2.0 3.6 J
70 J 48 J
2.3 J 1.5 J
26 J 18 J
2.2 J 0.85 J
4.6 J 4.3 J
0.88 J 0.095 U
5.2 J 7.0 J
5.0 J 7.7 J
1.51 1.83
1.57 1.91

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 8 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA02 SJSSA02

11187072-120719-SS-SJSSA02(4-6) 11187072-120719-SS-SJSSA02(0-1)

12/07/2019 12/07/2019

4-6 ft BGS 0-1 ft BGS

79.7 71.2

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 9 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA03 SJSSA03

11187072-120619-SS-SJSSA03(1-2) 11187072-120619-SS-SJSSA03(2-4)

12/06/2019 12/06/2019

1-2 ft BGS 2-4 ft BGS

810 700
5.5 U 1.6 U

34 30
1.1 U 0.42 U

0.23 U 0.082 U
0.48 J 0.40 J
0.66 J 0.084 U
0.87 J 0.56 J

0.095 U 0.081 U
2.3 J 2.2 J

0.14 U 0.11 U
0.32 J 0.20 J
0.32 J 0.091 U
0.10 U 0.090 U
0.26 J 0.083 U

3.8 0.20 J
12 0.92 J

130 J 110 J
2.8 J 0.98 J
53 J 32 J
2.3 J 0.52 J
11 J 6.1 J
2.1 J 0.78 J
17 J 4.9 J
28 J 2.8 J
6.42 1.32
6.45 1.35

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 10 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA03 SJSSA03

11187072-120619-SS-SJSSA03(1-2) 11187072-120619-SS-SJSSA03(2-4)

12/06/2019 12/06/2019

1-2 ft BGS 2-4 ft BGS

71.8 76.6

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 11 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA03 SJSSA03

11187072-120619-SS-SJSSA03(4-6) 11187072-120619-SS-SJSSA03(0-1)

12/06/2019 12/06/2019

4-6 ft BGS 0-1 ft BGS

2300 980
120 10 U
90 41
11 2.2 J

1.5 J 0.35 U
0.95 J 0.56 J
2.6 J 4.1 J
2.7 J 0.79 J
1.5 J 1.2 J
3.9 J 2.7 J

0.21 U 0.096 U
0.62 J 0.40 J
1.1 J 4.6 J
0.34 J 0.37 J
0.89 J 4.9 J

8.5 8.4
24 34

270 J 160 J
27 J 5.0 J
61 J 53 J
24 J 8.8 J
9.3 J 12 J
16 J 19 J
15 J 20 J
58 J 82 J
14.8 15.5
14.8 15.5

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 12 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA03 SJSSA03

11187072-120619-SS-SJSSA03(4-6) 11187072-120619-SS-SJSSA03(0-1)

12/06/2019 12/06/2019

4-6 ft BGS 0-1 ft BGS

67.8 62.3

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 13 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA04 SJSSA04

11187072-120919-BN-SJSSA04(1-2) 11187072-120919-BN-SJSSA04(2-4)

12/09/2019 12/09/2019

1-2 ft BGS 2-4 ft BGS

2100 750
35 U 9.2 U
57 31

4.2 J 1.0 U
0.56 U 0.36 U
0.98 J 0.63 J
1.8 J 0.78 J
1.5 J 0.99 J
1.2 J 0.33 J
2.3 J 2.5 J

0.31 U 0.16 U
0.71 U 0.40 U
1.6 J 0.70 J

0.31 U 0.16 U
1.0 J 0.60 J
13 7.7
50 29

220 J 120 J
12 J 2.5 J
40 J 39 J
6.4 J 1.1 J
5.3 J 7.7 J
5.4 J 2.1 J
19 J 16 J
89 J 52 J
20.4 11.9
20.8 12.1

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 14 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA04 SJSSA04

11187072-120919-BN-SJSSA04(1-2) 11187072-120919-BN-SJSSA04(2-4)

12/09/2019 12/09/2019

1-2 ft BGS 2-4 ft BGS

50.8 46.1

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 15 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA04 SJSSA04

11187072-120919-BN-SJSSA04(4-6) 11187072-120919-BN-SJSSA04(0-1)

12/09/2019 12/09/2019

4-6 ft BGS 0-1 ft BGS

4700 720
190 12 U
180 31
20 1.7 U

2.2 U 0.32 U
1.9 J 0.63 J
5.6 J 1.2 J
4.4 J 0.88 J
2.6 J 0.41 J
5.7 J 2.4 J
0.39 J 0.61 J
0.88 J 0.40 U
3.9 J 1.1 J
0.92 J 0.16 U
2.1 J 0.77 J
31 11

110 43
610 J 130 J
65 J 4.9 J
96 J 41 J
29 J 4.1 J
13 J 8.9 J
16 J 2.7 J
39 J 21 J
180 J 72 J
49.2 16.7
49.3 16.9

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 16 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA04 SJSSA04

11187072-120919-BN-SJSSA04(4-6) 11187072-120919-BN-SJSSA04(0-1)

12/09/2019 12/09/2019

4-6 ft BGS 0-1 ft BGS

42.6 41.6

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 17 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA05 SJSSA05

11187072-120819-BN-SJSSA05 (1-2) 11187072-120819-BN-SJSSA05 (2-4)

12/08/2019 12/08/2019

1-2 ft BGS 2-4 ft BGS

190 140
3.4 U 4.3 U
8.0 7.2

0.49 J 0.63 J
0.23 J 0.39 J
0.36 J 0.31 J
0.26 J 0.21 J
0.29 U 0.41 U
0.090 U 0.12 U
0.71 J 0.76 J
0.31 J 0.20 J
0.15 U 0.13 U
0.33 J 0.24 J

0.071 U 0.094 U
0.094 U 0.10 U

1.5 0.76 J
6.0 2.9 J
29 J 25 J
1.4 J 1.9 J
11 J 12 J

0.57 J 0.41 J
2.4 J 3.3 J
0.33 J 0.24 J
4.0 J 4.1 J
9.1 J 4.1 J
2.42 1.33
2.53 1.44

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 18 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA05 SJSSA05

11187072-120819-BN-SJSSA05 (1-2) 11187072-120819-BN-SJSSA05 (2-4)

12/08/2019 12/08/2019

1-2 ft BGS 2-4 ft BGS

71.3 75.8

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 19 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA05 SJSSA05

11187072-120819-BN-SJSSA05 (4-6) 11187072-120819-BN-DUP2

12/08/2019 12/08/2019

4-6 ft BGS 4-6 ft BGS

Duplicate

160 380
2.4 U 4.4 U
6.6 J 15
0.43 J 0.77 J

0.071 U 0.066 U
0.29 J 0.45 J
0.13 U 0.28 J
0.31 U 0.38 U
0.14 U 0.12 U
0.54 J 1.1 J
0.18 J 0.17 J
0.20 U 0.16 U
0.27 J 0.38 J
0.11 U 0.088 U
0.13 U 0.086 U
1.3 J 2.7
4.5 9.9 J
24 J 65 J
1.0 J 1.8 J
10 J 28 J

0.18 J 0.45 J
3.0 J 7.6 J
0.27 J 0.85 J
4.5 J 14 J
6.4 J 16 J
1.98 4.17
2.13 4.30

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 20 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA05 SJSSA05

11187072-120819-BN-SJSSA05 (4-6) 11187072-120819-BN-DUP2

12/08/2019 12/08/2019

4-6 ft BGS 4-6 ft BGS

Duplicate

68.5 76.5

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 21 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA05 SJSSA06

11187072-120819-BN-SJSSA05 (0-1) 11187072-120619-SS-SJSSA06(1-2)

12/08/2019 12/06/2019

0-1 ft BGS 1-2 ft BGS

550 210
10 J 4.8 U
18 9.9

1.5 J 2.7 J
0.27 J 1.0 U
0.37 J 0.20 J
2.1 J 9.2 J

0.56 U 0.24 J
0.49 J 2.4 J
1.4 J 0.72 J

0.10 U 0.17 J
0.18 U 0.70 J
1.8 J 6.2 J

0.11 U 0.32 J
1.0 J 5.1 J
18 83 J
78 300 J

70 J 38 J
3.7 J 5.3 J
20 J 11 J
3.5 J 15 J
3.3 J 2.2 J
4.5 J 20 J
22 J 94 J
130 J 650 J
27.0 117
27.1 117

GHD 11187072Memo-5-Tbls.xlsx
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA05 SJSSA06

11187072-120819-BN-SJSSA05 (0-1) 11187072-120619-SS-SJSSA06(1-2)

12/08/2019 12/06/2019

0-1 ft BGS 1-2 ft BGS

64.1 89.6

GHD 11187072Memo-5-Tbls.xlsx
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA06 SJSSA06

11187072-120619-SS-DUP1 11187072-120619-SS-SJSSA06(2-4)

12/06/2019 12/06/2019

1-2 ft BGS 2-4 ft BGS

Duplicate

230 200
9.0 U 3.4 U

12 9.3
19 J 2.8 J
9.3 0.93 U

0.71 J 0.16 J
120 J 9.7
0.91 J 0.42 J
31 J 2.3 J
1.2 J 0.58 J
2.8 J 0.15 J
7.7 J 0.68 J
160 J 6.2
9.5 0.37 J

190 J 5.4 J
360 J 82

1900 J 290
42 J 35 J
34 J 4.3 J
18 J 11 J
190 J 15 J
11 J 2.2 J
530 J 20 J
420 J 94 J

4500 J 640 J
637 115
637 115

GHD 11187072Memo-5-Tbls.xlsx
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA06 SJSSA06

11187072-120619-SS-DUP1 11187072-120619-SS-SJSSA06(2-4)

12/06/2019 12/06/2019

1-2 ft BGS 2-4 ft BGS

Duplicate

55.0 82.5

GHD 11187072Memo-5-Tbls.xlsx
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA06 SJSSA06

11187072-120619-SS-SJSSA06(4-6) 11187072-120619-SS-SJSSA06(0-1)

12/06/2019 12/06/2019

4-6 ft BGS 0-1 ft BGS

1300 J 380
46 U 10 J
75 J 16
100 J 3.1 J
41 J 0.79 U

0.65 U 0.20 J
420 J 9.6
0.64 U 0.45 J
110 J 2.3 J
4.0 J 0.87 J
7.3 J 0.24 J
25 J 0.69 J
250 J 6.6
11 J 0.35 J
170 J 4.7 J
2800 74
3900 270
250 J 55 J
180 J 6.1 J
62 J 14 J
630 J 16 J
28 J 2.7 J
700 J 19 J

3100 J 84 J
17000 J 600 J

3330 105
3330 105

GHD 11187072Memo-5-Tbls.xlsx
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA06 SJSSA06

11187072-120619-SS-SJSSA06(4-6) 11187072-120619-SS-SJSSA06(0-1)

12/06/2019 12/06/2019

4-6 ft BGS 0-1 ft BGS

60.9 83.6

GHD 11187072Memo-5-Tbls.xlsx
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA07 SJSSA07

11187072-120919-BN-SJSSA07(1-2) 11187072-120919-BN-SJSSA07(2-4)

12/09/2019 12/09/2019

1-2 ft BGS 2-4 ft BGS

430 36
5.4 U 0.17 U

16 1.4 U
0.64 U 0.15 U
0.21 U 0.17 U
0.40 J 0.19 J
0.12 U 0.092 U
0.59 J 0.11 U
0.15 J 0.088 U
1.3 J 0.096 U

0.097 U 0.071 U
0.28 U 0.15 U
0.16 U 0.11 U
0.093 U 0.070 U
0.16 U 0.12 U
1.1 J 0.10 U
2.7 0.073 U
75 J 5.7 J
1.5 J 0.17 U
20 J 1.9 J

0.15 J 0.092 U
4.2 J 0.28 J

0.17 U 0.12 U
3.8 J 0.40 J
3.1 J 0.073 U
1.90 0.030
2.09 0.213

GHD 11187072Memo-5-Tbls.xlsx
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA07 SJSSA07

11187072-120919-BN-SJSSA07(1-2) 11187072-120919-BN-SJSSA07(2-4)

12/09/2019 12/09/2019

1-2 ft BGS 2-4 ft BGS

64.4 81.7

GHD 11187072Memo-5-Tbls.xlsx
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA07 SJSSA07

11187072-120919-BN-SJSSA07(4-6) 11187072-120919-BN-SJSSA07(0-1)

12/09/2019 12/09/2019

4-6 ft BGS 0-1 ft BGS

890 2400
27 U 44
39 61

0.52 U 4.8 J
0.70 U 1.3 U
0.51 U 1.1 J
0.33 U 1.3 J
0.54 U 1.9 J
0.31 U 1.1 J
2.6 J 2.7 J

0.26 U 0.78 J
0.66 U 0.51 U
0.39 U 1.1 J
0.24 U 0.60 J
0.41 U 0.74 J
0.34 U 8.6
0.25 U 28
130 J 220 J
5.6 J 15 J
28 J 38 J

0.33 U 8.8 J
5.4 J 3.7 J

0.43 U 4.8 J
0.57 J 11 J
0.25 U 47 J
0.917 14.0
1.62 14.3

GHD 11187072Memo-5-Tbls.xlsx
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA07 SJSSA07

11187072-120919-BN-SJSSA07(4-6) 11187072-120919-BN-SJSSA07(0-1)

12/09/2019 12/09/2019

4-6 ft BGS 0-1 ft BGS

56.0 43.4

GHD 11187072Memo-5-Tbls.xlsx
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Aanlytical Results Summary
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Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA08 SJSSA08

11187072-120419-SS-SJSSA08(1-2) 11187072-120419-SS-SJSSA08(2-4)

12/04/2019 12/04/2019

1-2 ft BGS 2-4 ft BGS

2600 3600
53 93
73 110

6.6 J 13
1.0 U 2.2 J
0.98 J 1.4 J
2.5 J 10
1.7 J 2.6 J
1.1 J 3.2 J
3.0 J 4.8 J

0.16 U 0.34 J
0.49 J 1.5 J
1.2 J 6.9 J
0.25 J 0.59 J
0.86 J 5.2 J

10 75
32 260

240 J 370 J
16 J 29 J
50 J 80 J
12 J 29 J
6.4 J 11 J
7.3 J 27 J
17 J 92 J
68 J 540 J
16.5 109
16.5 109

GHD 11187072Memo-5-Tbls.xlsx
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San Jacinto, Harris County, Texas

December 2019

Page 32 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA08 SJSSA08

11187072-120419-SS-SJSSA08(1-2) 11187072-120419-SS-SJSSA08(2-4)

12/04/2019 12/04/2019

1-2 ft BGS 2-4 ft BGS

67.5 57.7

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 33 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA08 SJSSA08

11187072-120419-SS-SJSSA08(4-6) 11187072-120419-SS-SJSSA08(0-1)

12/04/2019 12/04/2019

4-6 ft BGS 0-1 ft BGS

830 930
8.6 U 20

35 28
2.3 J 3.1 J

0.41 U 0.53 U
0.35 J 0.31 J
4.0 J 0.84 J
0.90 J 0.57 J
0.99 J 0.37 J
2.3 J 1.3 J

0.21 U 0.16 U
0.52 J 0.20 J
2.7 J 0.49 J

0.16 U 0.12 U
2.6 J 0.29 J
35 4.1

120 11
130 J 89 J
4.6 J 7.1 J
40 J 18 J
6.5 J 4.4 J
8.2 J 2.4 J
8.7 J 3.6 J
47 J 6.4 J
260 J 26 J
49.9 6.44
49.9 6.45

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 34 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA08 SJSSA08

11187072-120419-SS-SJSSA08(4-6) 11187072-120419-SS-SJSSA08(0-1)

12/04/2019 12/04/2019

4-6 ft BGS 0-1 ft BGS

70.1 76.3

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 35 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA09 SJSSA09

11187072-120819-BN-SJSSA09 (1-2) 11187072-120819-BN-SJSSA09 (2-4)

12/08/2019 12/08/2019

1-2 ft BGS 2-4 ft BGS

180 180
3.6 U 4.1 U
6.2 J 6.1 J
1.2 J 1.1 J
0.35 J 0.56 J

0.096 U 0.24 J
0.78 J 3.3 J
0.50 U 0.21 U
0.32 J 0.82 J
0.58 J 0.44 J
0.28 J 0.46 J
0.15 U 0.18 U
0.64 J 1.2 J

0.073 U 0.10 U
0.079 U 0.61 J

4.4 9.7
20 44

18 J 22 J
4.0 J 2.5 J
4.3 J 5.0 J
3.3 J 4.6 J

0.15 U 0.18 U
0.74 J 2.7 J
4.4 J 11 J
29 J 68 J
6.75 15.0
6.87 15.1

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 36 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA09 SJSSA09

11187072-120819-BN-SJSSA09 (1-2) 11187072-120819-BN-SJSSA09 (2-4)

12/08/2019 12/08/2019

1-2 ft BGS 2-4 ft BGS

75.2 78.4

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 37 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs)

1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) pg/g
1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) pg/g
1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) pg/g
1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) pg/g
1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) pg/g
2,3,7,8-Tetrachlorodibenzofuran (TCDF) pg/g
Total heptachlorodibenzo-p-dioxin (HpCDD) pg/g
Total heptachlorodibenzofuran (HpCDF) pg/g
Total hexachlorodibenzo-p-dioxin (HxCDD) pg/g
Total hexachlorodibenzofuran (HxCDF) pg/g
Total pentachlorodibenzo-p-dioxin (PeCDD) pg/g
Total pentachlorodibenzofuran (PeCDF) pg/g
Total tetrachlorodibenzo-p-dioxin (TCDD) pg/g
Total tetrachlorodibenzofuran (TCDF) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0) pg/g
Total WHO Dioxin TEQ(Human/Mammal)(ND=0.5) pg/g

SJSSA09 SJSSA09

11187072-120819-BN-SJSSA09 (4-6) 11187072-120819-BN-SJSSA09 (0-1)

12/08/2019 12/08/2019

4-6 ft BGS 0-1 ft BGS

130 300
7.3 U 4.4 U
5.5 J 7.4
1.1 J 0.83 J
0.32 J 0.087 U
0.27 J 0.087 U
0.64 J 0.33 J
0.19 U 0.31 U
0.28 J 0.073 U
0.36 J 0.34 J
0.23 J 0.13 J
0.12 U 0.14 U
0.40 J 0.35 J

0.094 U 0.070 U
0.092 U 0.092 U

3.0 3.0
14 13

16 J 27 J
3.0 J 2.3 J
3.3 J 3.3 J
1.2 J 0.83 J
0.14 J 0.14 U
0.40 J 0.76 J
3.3 J 3.0 J
20 J 19 J
4.70 4.56
4.79 4.67

GHD 11187072Memo-5-Tbls.xlsx



Table 2

Aanlytical Results Summary

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event-Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Page 38 of 38

Location ID:

Sample Name:

Sample Date:

Depth:

Parameters Unit

General Chemistry

Percent solids %

Notes:

J - Estimated concentration
U - Not detected at the associated reporting limit

SJSSA09 SJSSA09

11187072-120819-BN-SJSSA09 (4-6) 11187072-120819-BN-SJSSA09 (0-1)

12/08/2019 12/08/2019

4-6 ft BGS 0-1 ft BGS

75.4 71.0

GHD 11187072Memo-5-Tbls.xlsx
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Table 3

Analytical Methods

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Holding Time

Collection or Extraction

to Analysis

Parameter Method Matrix (Days)

Polychlorinated Dibenzodioxins (PCDDs) & Polychlorinated Dibenzofurans (PCDFs) E1613 Soil 360

Notes:

E1613 - "Tetra- through Octa-Chlorinated Dioxins and Furans by Isotope Dilution HRGC/HRMS", U.S. Environmental Protection Agency Office of Water 
                Engineering and Analysis Division

GHD 11187072Memo-5-Tbls.xlsx
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Table 4

Qualified Sample Results Due to Analyte Concentrations in the Method Blanks

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Extraction Blank Original Qualified

Parameter Analyte Date Result * Sample ID Result Result Units

(mm/dd/yyyy)

Diox Fur 1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) 12/11/2019 1.32J 11187072-120619-SS-SJSSA06(1-2) 4.8 J 4.8 U pg/g
11187072-120619-SS-SJSSA06(2-4) 3.4 J 3.4 U pg/g
11187072-120619-SS-SJSSA06(4-6) 46 J 46 U pg/g

11187072-120619-SS-DUP1 9.0 J 9.0 U pg/g
11187072-120719-SS-SJSSA02(4-6) 5.3 J 5.3 U pg/g
11187072-120719-SS-SJSSA02(0-1) 3.8 J 3.8 U pg/g
11187072-120719-SS-SJSSA02(1-2) 4.3 J 4.3 U pg/g
11187072-120419-SS-SJSSA08(4-6) 8.6 J 8.6 U pg/g
11187072-120619-SS-SJSSA03(0-1) 10 J 10 U pg/g
11187072-120619-SS-SJSSA03(1-2) 5.5 J 5.5 U pg/g
11187072-120619-SS-SJSSA03(2-4) 1.6 J 1.6 U pg/g

1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) 12/11/2019 0.175J 11187072-120719-SS-SJSSA02(4-6) 0.90 J 0.90 U pg/g
11187072-120719-SS-SJSSA02(0-1) 0.67 J 0.67 U pg/g
11187072-120619-SS-SJSSA03(1-2) 1.1 J 1.1 U pg/g
11187072-120619-SS-SJSSA03(2-4) 0.42 J 0.42 U pg/g

1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) 12/11/2019 0.193J 11187072-120419-SS-SJSSA08(0-1) 0.53 J 0.53 U pg/g
11187072-120619-SS-SJSSA06(1-2) 1.0 J 1.0 U pg/g
11187072-120619-SS-SJSSA06(2-4) 0.93 J 0.93 U pg/g
11187072-120719-SS-SJSSA02(2-4) 0.77 J 0.77 U pg/g
11187072-120719-SS-SJSSA02(0-1) 0.083 J 0.083 U pg/g
11187072-120719-SS-SJSSA02(1-2) 0.52 J 0.52 U pg/g
11187072-120419-SS-SJSSA08(1-2) 1.0 J 1.0 U pg/g
11187072-120619-SS-SJSSA06(0-1) 0.79 J 0.79 U pg/g
11187072-120419-SS-SJSSA08(4-6) 0.41 J 0.41 U pg/g
11187072-120619-SS-SJSSA03(0-1) 0.35 J 0.35 U pg/g
11187072-120619-SS-SJSSA03(1-2) 0.23 J 0.23 U pg/g

GHD 11187072Memo-5-Tbls.xlsx
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Table 4

Qualified Sample Results Due to Analyte Concentrations in the Method Blanks

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Extraction Blank Original Qualified

Parameter Analyte Date Result * Sample ID Result Result Units

(mm/dd/yyyy)

Diox Fur 1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) 12/11/2019 0.585J 11187072-120819-BN-SJSSA05 (1-2) 3.4 J 3.4 U pg/g
11187072-120819-BN-SJSSA05 (2-4) 4.3 J 4.3 U pg/g
11187072-120819-BN-SJSSA05 (4-6) 2.4 J 2.4 U pg/g

11187072-120819-BN-DUP2 4.4 J 4.4 U pg/g
11187072-120719-SS-SJSSA01 (2-4) 4.5 J 4.5 U pg/g
11187072-120819-BN-SJSSA09 (0-1) 4.4 J 4.4 U pg/g
11187072-120819-BN-SJSSA09 (1-2) 3.6 J 3.6 U pg/g
11187072-120819-BN-SJSSA09 (2-4) 4.1 J 4.1 U pg/g
11187072-120819-BN-SJSSA09 (4-6) 7.3 J 7.3 U pg/g

1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 12/11/2019 0.116J 11187072-120819-BN-SJSSA05 (1-2) 0.29 J 0.29 U pg/g
11187072-120819-BN-SJSSA05 (2-4) 0.41 J 0.41 U pg/g
11187072-120819-BN-SJSSA05 (4-6) 0.31 J 0.31 U pg/g

11187072-120819-BN-DUP2 0.38 J 0.38 U pg/g
11187072-120719-SS-SJSSA01 (1-2) 0.96 J 0.96 U pg/g
11187072-120719-SS-SJSSA01 (2-4) 0.62 J 0.62 U pg/g
11187072-120819-BN-SJSSA09 (0-1) 0.31 J 0.31 U pg/g
11187072-120819-BN-SJSSA09 (1-2) 0.50 J 0.50 U pg/g
11187072-120819-BN-SJSSA09 (2-4) 0.21 J 0.21 U pg/g
11187072-120819-BN-SJSSA09 (4-6) 0.19 J 0.19 U pg/g
11187072-120819-BN-SJSSA05 (0-1) 0.56 J 0.56 U pg/g

1,2,3,4,6,7,8,9-Octachlorodibenzofuran (OCDF) 12/12/2019 1.80J 11187072-120919-BN-SJSSA07(1-2) 5.4 J 5.4 U pg/g
11187072-120919-BN-SJSSA07(4-6) 27 27 U pg/g
11187072-120919-BN-SJSSA04(0-1) 12 J 12 U pg/g
11187072-120919-BN-SJSSA04(1-2) 35 35 U pg/g
11187072-120919-BN-SJSSA04(2-4) 9.2 J 9.2 U pg/g

GHD 11187072Memo-5-Tbls.xlsx
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Table 4

Qualified Sample Results Due to Analyte Concentrations in the Method Blanks

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Extraction Blank Original Qualified

Parameter Analyte Date Result * Sample ID Result Result Units

(mm/dd/yyyy)

Diox Fur 1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) 12/12/2019 0.287J 11187072-120919-BN-SJSSA07(1-2) 0.64 J 0.64 U pg/g
11187072-120919-BN-SJSSA04(0-1) 1.7 J 1.7 U pg/g
11187072-120919-BN-SJSSA04(2-4) 1.0 J 1.0 U pg/g

1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) 12/12/2019 0.458J 11187072-120919-BN-SJSSA07(2-4) 1.4 J 1.4 U pg/g

1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) 12/12/2019 0.344J 11187072-120919-BN-SJSSA07(0-1) 1.3 J 1.3 U pg/g
11187072-120919-BN-SJSSA04(4-6) 2.2 J 2.2 U pg/g

Notes:

* - Blank result adjusted for sample factors where applicable
U - Not detected at the associated reporting limit
J - Estimated concentration

GHD 11187072Memo-5-Tbls.xlsx
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Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

Surrogate Control Limits Qualified

Parameter Sample ID Surrogate IAR IAR Analyte Result Units

Diox Fur 11187072-120619-SS-SJSSA06(4-6) 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) C13 1.81 1.32-1.78 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) 25 J pg/g

Notes:

J - Estimated concentration
IAR - Ion Abundance Ratio

Table 5

Qualified Sample Data Due to Outlying of Surrogate Ion Abundance Ratios 

San Jacinto River Waste Pits Superfund Site Investigation

December 2019

GHD 11187072Memo-5-Tbls.xlsx
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Table 6

Qualified Sample Results Due to Outlying MS/MSD Results 

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

MS MSD RPD Control Limits Qualified

Parameter Sample ID Analyte % Recovery % Recovery (percent) % Recovery RPD Result Units

Diox Fur 11187072-120619-SS-SJSSA06(4-6) 1,2,3,4,6,7,8,9-Octachlorodibenzo-p-dioxin (OCDD) 201 145 12 78-144 25 1300 J pg/g
1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) 55 60 2 82-122 25 100 J pg/g

1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) 0 0 5 72-134 25 420 J pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 60 48 12 84-130 25 110 J pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) 14 12 2 80-134 25 250 J pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) 39 46 3 68-160 25 170 J pg/g

Notes:

MS - Matrix Spike
MSD - Matrix Spike Duplicate
RPD - Relative Percent Difference
J - Estimated concentration

GHD 11187072Memo-5-Tbls.xlsx
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Table 7

Qualified Sample Data Due to Variability in Field Duplicate Results 

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Qualified Field Duplicate Qualified

Parameter Analyte RPD/Diff Sample ID Result Sample ID Result Units

Diox Fur 1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) 150 11187072-120619-SS-SJSSA06(1-2) 2.7 J 11187072-120619-SS-DUP1 19 J pg/g
1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) 172 11187072-120619-SS-SJSSA06(1-2) 9.2 J 11187072-120619-SS-DUP1 120 J pg/g
1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 171 11187072-120619-SS-SJSSA06(1-2) 2.4 J 11187072-120619-SS-DUP1 31 J pg/g
1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) 185 11187072-120619-SS-SJSSA06(1-2) 6.2 J 11187072-120619-SS-DUP1 160 J pg/g
2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) 190 11187072-120619-SS-SJSSA06(1-2) 5.1 J 11187072-120619-SS-DUP1 190 J pg/g

2,3,7,8-Tetrachlorodibenzofuran (TCDF) 146 11187072-120619-SS-SJSSA06(1-2) 300 J 11187072-120619-SS-DUP1 1900 J pg/g
2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) 125 11187072-120619-SS-SJSSA06(1-2) 83 J 11187072-120619-SS-DUP1 360 J pg/g

2,3,7,8-Tetrachlorodibenzofuran (TCDF) 109 11187072-120819-BN-SJSSA05 (2-4) 2.9 J 11187072-120819-BN-DUP2 9.9 J pg/g

Notes:

Diff - Difference (i.e., >1X RL for waters or >2XRL for soils)
RPD - Relative Percent Difference
J - Estimated concentration
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Qualified Sample Results Due to Diphenyl Ether Interference

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Parameter Sample ID Analyte Qualified Result Units

Diox Fur 11187072-120419-SS-SJSSA08(0-1) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.37 J pg/g
11187072-120719-SS-SJSSA02(2-4) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.73 J pg/g
11187072-120419-SS-SJSSA08(1-2) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 1.1 J pg/g
11187072-120619-SS-SJSSA03(4-6) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 1.5 J pg/g

Notes:

J - Estimated concentration

Table 8
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Table 9

Qualified Sample Results Due to Outlying Identification Criteria

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Parameter Sample ID Analyte Qualified Result Units

Diox Fur 11187072-120419-SS-SJSSA08(0-1) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.31 J pg/g
11187072-120419-SS-SJSSA08(0-1) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.37 J pg/g
11187072-120419-SS-SJSSA08(0-1) 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) 0.20 J pg/g
11187072-120419-SS-SJSSA08(1-2) 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) 0.49 J pg/g
11187072-120419-SS-SJSSA08(1-2) 2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.25 J pg/g
11187072-120419-SS-SJSSA08(1-2) 2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) 0.86 J pg/g
11187072-120419-SS-SJSSA08(2-4) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.34 J pg/g
11187072-120419-SS-SJSSA08(4-6) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.35 J pg/g
11187072-120419-SS-SJSSA08(4-6) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.99 J pg/g

11187072-120619-SS-DUP1 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.71 J pg/g
11187072-120619-SS-SJSSA03(0-1) 1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.79 J pg/g
11187072-120619-SS-SJSSA03(1-2) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.48 J pg/g
11187072-120619-SS-SJSSA03(1-2) 1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.87 J pg/g
11187072-120619-SS-SJSSA03(1-2) 1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) 0.32 J pg/g
11187072-120619-SS-SJSSA03(2-4) 1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.56 J pg/g
11187072-120619-SS-SJSSA03(2-4) 1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) 2.2 J pg/g
11187072-120619-SS-SJSSA03(2-4) 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) 0.20 J pg/g
11187072-120619-SS-SJSSA03(2-4) 2,3,7,8-Tetrachlorodibenzofuran (TCDF) 0.92 J pg/g
11187072-120619-SS-SJSSA03(2-4) 2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) 0.20 J pg/g
11187072-120619-SS-SJSSA03(4-6) 1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) 1.5 J pg/g
11187072-120619-SS-SJSSA03(4-6) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.95 J pg/g
11187072-120619-SS-SJSSA03(4-6) 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) 0.62 J pg/g
11187072-120619-SS-SJSSA03(4-6) 2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.34 J pg/g
11187072-120619-SS-SJSSA06(0-1) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.20 J pg/g
11187072-120619-SS-SJSSA06(0-1) 2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.35 J pg/g
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Table 9

Qualified Sample Results Due to Outlying Identification Criteria

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Parameter Sample ID Analyte Qualified Result Units

Diox Fur 11187072-120619-SS-SJSSA06(1-2) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.17 J pg/g
11187072-120619-SS-SJSSA06(1-2) 2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.32 J pg/g
11187072-120619-SS-SJSSA06(2-4) 1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.42 J pg/g
11187072-120619-SS-SJSSA06(2-4) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.15 J pg/g
11187072-120619-SS-SJSSA06(2-4) 1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) 0.58 J pg/g
11187072-120619-SS-SJSSA06(2-4) 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) 0.68 J pg/g
11187072-120619-SS-SJSSA06(4-6) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 7.3 J pg/g
11187072-120719-SS-SJSSA01 (0-1) 1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 1.5 J pg/g
11187072-120719-SS-SJSSA01 (0-1) 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) 0.48 J pg/g
11187072-120719-SS-SJSSA01 (1-2) 1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) 0.79 J pg/g
11187072-120719-SS-SJSSA01 (1-2) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.65 J pg/g
11187072-120719-SS-SJSSA01 (1-2) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.41 J pg/g
11187072-120719-SS-SJSSA01 (1-2) 1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) 0.74 J pg/g
11187072-120719-SS-SJSSA01 (1-2) 2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.20 J pg/g
11187072-120719-SS-SJSSA01 (2-4) 1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) 0.25 J pg/g
11187072-120719-SS-SJSSA01 (2-4) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.20 J pg/g
11187072-120719-SS-SJSSA02(0-1) 1,2,3,4,6,7,8-Heptachlorodibenzo-p-dioxin (HpCDD) 14 J pg/g
11187072-120719-SS-SJSSA02(0-1) 1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.32 J pg/g
11187072-120719-SS-SJSSA02(0-1) 2,3,7,8-Tetrachlorodibenzofuran (TCDF) 3.6 J pg/g
11187072-120719-SS-SJSSA02(0-1) 2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) 1.1 J pg/g
11187072-120719-SS-SJSSA02(1-2) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.33 J pg/g
11187072-120719-SS-SJSSA02(1-2) 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) 0.17 J pg/g
11187072-120719-SS-SJSSA02(2-4) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.39 J pg/g
11187072-120719-SS-SJSSA02(2-4) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.73 J pg/g
11187072-120719-SS-SJSSA02(2-4) 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) 0.42 J pg/g
11187072-120719-SS-SJSSA02(4-6) 1,2,3,7,8,9-Hexachlorodibenzo-p-dioxin (HxCDD) 1.0 J pg/g
11187072-120719-SS-SJSSA02(4-6) 2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) 0.62 J pg/g
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Table 9

Qualified Sample Results Due to Outlying Identification Criteria

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Parameter Sample ID Analyte Qualified Result Units

Diox Fur 11187072-120819-BN-DUP2 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.17 J pg/g
11187072-120819-BN-SJSSA05 (0-1) 1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) 0.27 J pg/g
11187072-120819-BN-SJSSA05 (0-1) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.49 J pg/g
11187072-120819-BN-SJSSA05 (2-4) 1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) 0.21 J pg/g
11187072-120819-BN-SJSSA05 (2-4) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.31 J pg/g
11187072-120819-BN-SJSSA05 (2-4) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.20 J pg/g
11187072-120819-BN-SJSSA05 (2-4) 2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) 0.76 J pg/g
11187072-120819-BN-SJSSA05 (4-6) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.29 J pg/g
11187072-120819-BN-SJSSA05 (4-6) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.18 J pg/g
11187072-120819-BN-SJSSA05 (4-6) 2,3,7,8-Tetrachlorodibenzo-p-dioxin (TCDD) 1.3 J pg/g
11187072-120819-BN-SJSSA09 (0-1) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.13 J pg/g
11187072-120819-BN-SJSSA09 (0-1) 1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) 0.35 J pg/g
11187072-120819-BN-SJSSA09 (1-2) 1,2,3,4,7,8,9-Heptachlorodibenzofuran (HpCDF) 0.35 J pg/g
11187072-120819-BN-SJSSA09 (4-6) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.27 J pg/g
11187072-120819-BN-SJSSA09 (4-6) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.23 J pg/g
11187072-120919-BN-SJSSA04(0-1) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.63 J pg/g
11187072-120919-BN-SJSSA04(0-1) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.41 J pg/g
11187072-120919-BN-SJSSA04(0-1) 1,2,3,7,8,9-Hexachlorodibenzofuran (HxCDF) 0.61 J pg/g
11187072-120919-BN-SJSSA04(0-1) 1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) 1.1 J pg/g
11187072-120919-BN-SJSSA04(1-2) 1,2,3,4,6,7,8-Heptachlorodibenzofuran (HpCDF) 4.2 J pg/g
11187072-120919-BN-SJSSA04(1-2) 1,2,3,4,7,8-Hexachlorodibenzofuran (HxCDF) 1.8 J pg/g
11187072-120919-BN-SJSSA04(1-2) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.98 J pg/g
11187072-120919-BN-SJSSA04(1-2) 1,2,3,6,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 1.5 J pg/g
11187072-120919-BN-SJSSA04(1-2) 1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) 1.6 J pg/g
11187072-120919-BN-SJSSA04(2-4) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.63 J pg/g
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Table 9

Qualified Sample Results Due to Outlying Identification Criteria

San Jacinto River Waste Pits Superfund Site Investigation

Predesign Investigation Sampling Event - Sand Separation Area

San Jacinto, Harris County, Texas

December 2019

Parameter Sample ID Analyte Qualified Result Units

Diox Fur 11187072-120919-BN-SJSSA04(2-4) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.33 J pg/g
11187072-120919-BN-SJSSA04(2-4) 1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) 0.70 J pg/g
11187072-120919-BN-SJSSA04(4-6) 1,2,3,7,8-Pentachlorodibenzo-p-dioxin (PeCDD) 0.88 J pg/g
11187072-120919-BN-SJSSA04(4-6) 2,3,4,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.92 J pg/g
11187072-120919-BN-SJSSA04(4-6) 2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) 2.1 J pg/g
11187072-120919-BN-SJSSA07(0-1) 1,2,3,7,8-Pentachlorodibenzofuran (PeCDF) 1.1 J pg/g
11187072-120919-BN-SJSSA07(0-1) 2,3,4,7,8-Pentachlorodibenzofuran (PeCDF) 0.74 J pg/g
11187072-120919-BN-SJSSA07(1-2) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.40 J pg/g
11187072-120919-BN-SJSSA07(1-2) 1,2,3,6,7,8-Hexachlorodibenzofuran (HxCDF) 0.15 J pg/g
11187072-120919-BN-SJSSA07(2-4) 1,2,3,4,7,8-Hexachlorodibenzo-p-dioxin (HxCDD) 0.19 J pg/g

Notes:

J - Estimated concentration
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Photo Decade Package with 2010 and 
2019 Sampling Locations Overlain
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Appendix E-4 
SNJE041 Sampling Location 
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